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Abstract 

This  Handbook  is  a  three-volume  compilation  of  approximately 
150  selected  papers  previously  published  by  the  staff  of  the  National 
Bureau  of  Standards  on  precision  measurement,  calibration,  and 
related  subjects.  It  was  prepared  to  meet  the  urgent  need  of  newly 
established  standards  laboratories  for  a  “textbook”  and  reference 
source  in  these  fields.  Volume  I  contains  papers  in  electricity  and 
electronics;  Volume  II,  heat  and  mechanics;  and  Volume  III,  optics, 
metrology,  and  radiation.  Each  volume  contains  a  complete  index 
of  the  entire  Handbook  by  author,  subject,  and  title. 
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Foreword 

The  National  Bureau  of  Standards  is  charged  with  the  responsibility  of 
establishing  and  maintaining  the  national  standards  of  physical  measurement, 
and  of  providing  means  for  their  effective  utilization.  This  responsibility 
carries  with  it  the  mission  of  providing  the  central  basis  for  a  complete,  con¬ 
sistent  system  of  physical  measurement,  adequate  for  national  growth  in 
research  and  technology. 

The  recent  tremendous  increase  in  industrial  activity,  particularly  in  the 
missile  and  satellite  fields,  has  led  to  an  unprecedented  demand  for  precision 
measurement,  which,  in  turn,  is  bringing  about  the  establishment  of  hundreds 
of  new  standards  laboratories.  Many  of  these  new  laboratories  must  cover 
the  entire  field  of  measurement,  and  must  do  so  with  a  staff  not  previously 
trained  in  work  on  standards  of  precision  measurement. 

To  aid  these  laboratories  in  transmitting  the  accuracies  of  the  national 
standards  to  the  shops  of  industry,  the  Bureau  has  prepared  this  three-volume 
Handbook.  It  is  a  compilation  of  publications  by  the  Bureau  staff  that  have 
been  found  of  value  to  those  who  are  establishing  and  operating  new  standards 
laboratories.  Omitted  are  some  extended  works,  as  well  as  a  few  shorter 
papers  that  are  otherwise  readily  available. 

It  is  hoped  that  this  compilation  will  serve  both  as  a  “textbook”  and 
a  reference  source  for  the  many  scientists  and  engineers  who  must  be  trained 
in  the  shortest  possible  time  to  fill  responsible  positions  in  this  critical  area. 

A.  V.  Astin,  Director. 


in 


Preface 

Because  of  the  urgent  need  for  this  Handbook,  it  has  been  reproduced  by 
a  photoduplication  process.  As  a  result,  the  individual  publications  that  make 
up  the  compilation  will  be  found  to  vary  in  such  details  as  style,  size  of  type, 
and  method  of  pagination. 

Each  paper  reproduced  for  the  compilation  is  essentially  complete  as 
originally  published  and  retains  its  original  page  numbering.  All  pages  have 
also  been  numbered  in  regular  sequence  throughout  the  three  volumes.  Thus, 
the  volume  page  number  and  the  original  page  number  are  combined,  for 
example  100/10. 

Because  of  the  short  time  available,  a  complete  review  of  each  paper 
included  was  not  possible.  However,  some  efforts  were  made  to  bring  the 
older  papers  up  to  date,  and  only  those  papers  have  been  included  that  are  of 
current  value.  Nevertheless,  users  should  be  cautioned  that  the  state  of  the 
art  may  have  advanced  beyond  that  represented  in  some  of  the  older  papers. 

These  three  volumes,  extensive  as  they  are,  include  only  a  fraction  of  the 
published  work  of  the  National  Bureau  of  Standards  relating  to  standards. 
However,  many  of  the  reprinted  papers  contain  extensive  bibliographies  that 
will  enable  the  user  who  is  confronted  with  a  special  problem  to  locate  additional 
information. 

The  papers  that  appear  or  are  cited  in  this  three-volume  Handbook  were 
originally  published  over  a  period  of  several  years  as  circulars,  research  papers, 
chapters  of  books,  and  as  articles  in  scientific  and  technical  periodicals.  Thus 
individual  copies  of  many  papers  are  no  longer  readily  available.  More  recent 
Bureau  publications,  and  in  some  cases  the  older  papers  for  which  prices  are 
given,  may  still  be  obtainable  by  purchase  from  the  Superintendent  of  Docu¬ 
ments,  U.S.  Government  Printing  Office,  Washington  25,  D.C.  Other  papers 
may  often  be  obtained  directly  from  the  authors  or  from  t he  publishers  of  the 
Journals  in  which  the  papers  appeared.  The  papers  referred  to  in  the  various 
lists,  if  not  generally  available  as  stated  above,  are  usually  available  for  reference 
in  technical,  university,  Government  depository,  and  public  libraries. 
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The  International  Temperature  Scale  of  1948 

By  H.  F.  Stimson 


The  Internationa'  Temperature  Scale  is  based  upon  six  fixed  and  reproducible 
equilibrium  temperatures  to  which  numerical  values  have  been  assigned  and  upon  specified 
interpolation  formulas  relating  temperature  to  the  indications  of  specified  measuring  instru¬ 
ments.  This  is  the  first  revision  of  the  scale  adopted  in  1927.  It  is  designed  to  conform 
as  nearly  as  practicable  to  the  thermodynamic  centigrade  scale  as  now  known,  while  incor¬ 
porating  certain  refinements  based  on  experience  to  make  the  scale  more  uniform  and  re¬ 
producible  than  its  predecessor.  A  new  value  for  the  temperature  of  the  silver  point  and 
the  use  of  Planck’s  law  with  a  new  value  for  the  radiation  constant,  cj,  are  the  only  changes 
which  produce  significant  effects  on  numerical  values  assigned  to  temperatures. 


The  first  International  Temperature  Scale  was 
adopted  by  the  Seventh  General  Conference  on 
Weights  and  Measures  in  1927,  and  is  now  known 
as  the  International  Temperature  Scale  of  1927.1 
The  General  Conference  on  Weights  and  Meas¬ 
ures  is  the  diplomatic  body,  representing  33  partic¬ 
ipating  nations,  which  has  power  to  adopt  recom¬ 
mendations  concerning  standards  of  weights  and 
measures  for  international  use.  The  recommenda¬ 
tions  are  made  by  the  International  Committee 
on  Weights  and  Measures  which  nominally  consists 
of  18  scientists  (not  more  than  one  from  any 
nation)  elected  by  the  General  Conference.  The 
General  Conference  is  scheduled  to  meet  at  inter¬ 
vals  of  6  years  and  the  International  Committee 
at  intervals  of  2  years. 

The  Seventh  General  Conference  recommended 
that  international  thermometric  conferences  be 
called  by  the  International  Committee  to  revise 
the  temperature  scale  as  occasion  required.  The 
Eighth  General  Conference,  in  1933,  made  official 
provision  for  these  conferences.  In  June  1937  the 
International  Committee  approved  the  creation 
of  an  Advisory  Committee  on  Thermometry,  sub¬ 
ject  to  the  sanction  of  the  Ninth  General  Con¬ 
ference. 

A  meeting  of  the  Advisory  Committee  was  first 

1  Comptes  Rendus  des  Stances  de  la  Septieme  Conference  G6n£rale  des 
Poids  et  Mesures,  p.  94  (1927);  also  in  Travaux  et  Mfimoires  du  Bureau  inter¬ 
national  des  Poids  et  Mesures  18  (1930);  also  George  K.  Burgess,  BS  J.  Re¬ 
search  1,  635  (1928)  RP22. 


called  in  July  1939.  It  approved  a  revision  of  the 
text  of  the  scale  of  1927  for  proposal  to  the  Inter¬ 
national  Committee,  but  no  action  was  taken 
because  World  War  II  began  before  the  date 
originally  scheduled  for  the  Ninth  General  Con¬ 
ference.  At  the  call  of  the  International  Com¬ 
mittee,  the  Advisory  Committee  met  again  in 
May  1948.  At  this  meeting  three  resolutions  and 
a  new  text  for  the  International  Temperature 
Scale  were  approved. 

Both  the  International  Committee  and  the 
Ninth  General  Conference  met  in  October  1948. 
On  the  recommendation  of  the  International  Com¬ 
mittee,  the  General  Conference  sanctioned  the 
creation  of  this  Advisory  Committee,  which  is 
to  be  known  as  the  “Advisory  Committee  on 
Thermometry  and  Calorimetry”.  The  General 
Conference  then  examined  and  adopted  the  reso¬ 
lutions  which  had  been  proposed  by  the  Advisory 
Committee  and  had  been  transmitted  by  the 
International  Committee  with  minor  modifica¬ 
tions. 

The  first  of  these  resolutions  concerns  the  Inter¬ 
national  Temperature  Scale  directly  and  is  as 
follows : 

“1.  With  the  present-day  technique,  the 
triple  point  of  water  is  susceptible  of  being  a 
more  precise  thermometric  reference  point 
than  the  ‘melting  point  of  ice’. 

“The  Advisory  Committee  considers,  there- 
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fore,  that  the  zero  of  the  thermodynamic 
centigrade  scale  should  be  defined  as  being  the 
temperature  0.0100  degree  below  that  of  the 
triple  point  of  pure'water.” 

The  Conference  also  adopted  the  International 
Temperature  Scale  of  1948  as  proposed  by  the 
Advisory  Committee  on  Thermometry  and  Calo¬ 
rimetry;  and,  on  this  occasion,  decided  to  give  to 
the  degree  of  temperature  the  designation  of 
degree  Celsius  in  place  of  degree  centigrade  or 
centesimal.  Before  the  end  of  1948  the  official  text 
of  the  scale  was  approved  for  publication  in  the 
Proces-Verbaux  des  Seances  du  Comit6  interna¬ 
tional  des  Poids  et  Mesures,  t.  XXI,  1948. 

The  National  Bureau  of  Standards,  therefore, 
in  common  with  other  national  laboratories,  began 
using  the  definitions  of  the  International  Temper¬ 
ature  Scale  of  1948  on  January  1,  1949,  both  in  its 
own  scientific  work  and  for  calibrating  instruments 
for  other  scientific  and  industrial  purposes.  It  is 
recommended  that  scientists  and  industrial  work¬ 
ers  elsewhere  conform  to  the  definitions  of  the 
revised  scale  as  set  forth  in  the  text. 

A  translation  of  the  official  text  follows. 

Text  of  The  International  Temperature 
Scale  of  1948 

Part  I.  Introduction 

The  Kelvin  scale,  on  which  temperatures  are 
designated  as  0  K  and  denoted  by  the  symbol  T, 
is  recognized  as  the  fundamental  thermodynamic 
scale  to  which  all  temperature  measurements 
should  ultimately  be  referable.  On  this  scale 
the  interval  from  the  ice  point,  T0,  to  the  steam 
point,  Tioo,  is  100  degrees.  The  Kelvin  scale  and 
the  thermodynamic  centigrade1 2  scale,  on  which  the 
temperature  is  1  —  T0,  are  hereby  adopted,  in 
principle,  by  the  Ninth  General  Conference  on 
Weights  and  Measures.  Any  temperature  inter¬ 
val  expressed  on  one  of  these  scales  will  have  the 
same  numerical  value  as  when  expressed  on  the 
other. 

The  experimental  difficulties  inherent  in  the 
measurementof  temperature  on  the  thermodynamic 
scale  led  to  the  adoption  in  1927,  by  the  Seventh 
General  Conference  on  Weights  and  Measures,  of 
a  practical  scale  which  was  designated  as  the 

1  The  Oeneral  Conference,  held  in  October  1948,  decided  to  discontinue  the 

use  of  the  words  "centesimal”  and  “centigrade”  and  to  replace  them  by 
"Celsius”. 


International  Temperature  Scale.  This  scale 
was  intended  to  be  as  nearly  identical  with  the 
thermodynamic  centigrade  scale  as  was  possible 
with  the  knowledge  then  available.  It  was  designed 
to  be  conveniently  and  accurately  reproducible 
and  to  provide  means  for  specifying  any  tempera¬ 
ture  on  the  International  Scale  within  much 
narrower  limits  than  was  possible  on  the  thermo¬ 
dynamic  scale. 

The  scale  herein  defined  represents  the  first 
revision  of  the  scale  adopted  in  1927  and  is  de¬ 
signed  to  conform  as  nearly  as  practicable  to  the 
thermodynamic  centigrade  scale  as  now  known, 
while  incorporating  certain  refinements,  based  on 
experience,  to  make  the  scale  more  uniform  and 
reproducible  than  its  predecessor. 

The  experimental  procedures  by  which  the 
scale  is  to  be  realized  are  substantially  unchanged. 
Only  two  of  the  revisions  in  the  definition  of  the 
scale  result  in  appreciable  changes  in  the  numerical 
values  assigned  to  measured  temperatures.  The 
change  in  the  value  for  the  silver  point  from  960.5° 
to  960.8°  C  changes  temperatures  measured  with 
the  standard  thermocouple.  The  adoption  of  a 
different  value  for  the  radiation  constant,  c2, 
changes  all  temperatures  above  the  gold  point, 
while  the  use  of  the  Planck  radiation  formula 
instead  of  the  Wien  formula  affects  the  very  high 
temperatures.  The  Planck  formula  is  consistent 
with  the  thermodynamic  scale  and  consequently 
removes  the  upper  limit  which  was  imposed  by 
Wien’s  law  in  the  1927  scale. 

Other  important  modifications,  which  cause 
little  or  no  change  in  the  numerical  values  of  tem¬ 
peratures,  but  serve  to  make  the  scale  more  definite 
and  reproducible  are  (a)  the  termination  of  one 
part  of  the  scale  at  the  oxygen  point  instead  of 
at  —190°  C,  (b)  the  division  of  the  scale  at  the 
freezing  point  of  antimony  (about  630°  C)  instead 
of  at  660°  C,  (c)  the  requirements  for  higher  purity 
of  the  platinum  of  the  standard  resistance  ther¬ 
mometer  and  standard  thermocouple,  and  for 
smaller  permissible  limits  for  the  electromotive 
force  of  the  standard  thermocouple  at  the  gold 
point. 

The  scale  defined  by  the  resistance  thermometer 
remains  substantially  identical  with  the  1927 
scale.  In  the  range  between  630°  and  1063°  C, 
numerical  values  of  temperature  on  the  1948 
scale  are  higher  than  on  the  1927  scale,  the  maxi¬ 
mum  difference  being  about  0.4  degree  near  800°  C. 
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Temperatures  on  the  International  Tempera¬ 
ture  Scale  of  1927  were  designated  as  °  C  or  °  C 
(Int.).  Inasmuch  as  the  designation  “C”  is 
retained  in  this  revision,  it  should  be  applied  in  the 
future  to  temperatures  on  the  last  scale  adopted 
previous  to  the  time  at  which  the  designation  is 
used.  Where  any  doubt  might  arise,  the  designa¬ 
tion  should  be  specified  as  °  C  (Int.  1927)  or  °  C 
(Int.  1948). 

Part  II.  Definition  of  The  International 
Temperature  Scale  of  1948 

1.  Temperatures  on  the  International  Tem¬ 
perature  Scale  of  1948  will  be  designated  as  “°  C” 
or  “°  C  (Int.  1948)”  and  denoted  by  the  symbol,  t. 

2.  The  scale  is  based  upon  a  number  of  fixed 
and  reproducible  equilibrium  temperatures  (fixed 
points)  to  which  numerical  values  are  assigned, 
and  upon  specified  formulas  for  the  relations 
between  temperature  and  the  indications  of  the 
instruments  calibrated  at  these  fixed  points. 

3.  The  fixed  points  and  the  numerical  values 
assigned  to  them  are  given  in  Table  I.  These 
values,  in  each  case,  define  the  equilibrium  tem¬ 
perature  corresponding  to  a  pressure  of  1  standard 
atmosphere,  defined  as  1,013,250  dynes/cm2.  The 
last  decimal  place  given  for  each  of  the  values  of 
the  primary  fixed  points  only  represents  the  degree 
of  reproducibility  of  that  fixed  point. 

Table  I.— Fundamental  and  primary  fixed  points  under  the 
standard  pressure  of  1,013,250  dynes/cm 3 

Temperature  °  C 


(a)  Temperature  of  equilibrium  between  liquid 

oxygen  and  its  vapor  (oxygen  point) _ — 182.  970 

(b)  Temperature  of  equilibrium  between  ice 

and  air  saturated  water  (ice  point)  ( Fun¬ 
damental  fixed  point) _  0 

(c)  Temperature  of  equilibrium  between  liquid 

water  and  its  vapor  (steam  point)  (Funda¬ 
mental  fixed  point) _  100 

(d)  Temperature  of  equilibrium  between  liquid 

sulfur  and  its  vapor  (sulfur  point) _  444.  600 

(e)  Temperature  of  equilibrium  between  solid 

and  liquid  silver  (silver  point) _  960.  8 

(f)  Temperature  of  equilibrium  between  solid 

and  liquid  gold  (gold  point) _  1063.  0 


4.  The  means  available  for  interpolation  lead  to 
a  division  of  the  scale  into  four  parts. 

(a)  From  0°  C  to  the  freezing  point  of  antimony 
the  temperature,  t,  is  defined  by  the  formula 

Rt—Ro{l  -\-  A.t-\-  Bt2) , 


where  Rt  is  the  resistance,  at  temperature,  t,  of  the 
platinum  resistor  between  the  branch  points 
formed  by  the  junctions  of  the  current  and 
potential  leads  of  a  standard  resistance  thermom¬ 
eter.  The  constant,  R0,  is  the  resistance  at  0°  C, 
and  the  constants,  A  and  B,  are  to  be  determined 
from  measured  values  of  Rt  at  the  steam  and  sulfur 
points.  The  platinum  in  a  standard  resistance 
thermometer  shall  be  annealed,  and  of  such 
purity  that  Rm/R0  is  greater  than  1.3910. 

(b)  From  the  oxygen  point  to  0°  C,  the  tem¬ 
perature,  t,  is  defined  by  the  formula 

7?t=7?o[l  At-\-  Bt2  -j -  C(t — 100)£3], 

where  Rt,  R0)  A,  and  B  are  determined  in  the  same 
manner  as  in  (a)  above,  and  the  constant,  C,  is 
calculated  from  the  measured  value  of  R,  at  the 
oxygen  point. 

(c)  From  the  freezing  point  of  antimony  to  the 
gold  point,  the  temperature,  t,  is  defined  by  the 
formula 

E—a-\-bt-[-ct2, 

where  E  is  the  electromotive  force  of  a  standard 
thermocouple  of  platinum  and  platinum-rhodium 
alloy  when  one  junction  is  at  0°  C  and  the  other  is 
at  the  temperature,  t.  The  constants,  a,  b,  and  c, 
are 'to  be  calculated  from  measured  values  of  E  at 
the  freezing  point  of  antimony  and  at  the  silver 
and  gold  points.  The  antimony  used  in  determin¬ 
ing  these  constants  shall  be  such  that  its  freezing 
temperature,  determined  with  a  standard  resist¬ 
ance  thermometer,  is  not  lower  than  630.3°  C. 
Alternatively  the  thermocouple  may  be  calibrated 
by  direct  comparison  with  a  standard  resistance 
thermometer  in  a  bath  at  any  uniform  temper¬ 
ature  between  630.3°  and  630.7°  C. 

The  platinum  wire  of  the  standard  thermocouple 
shall  be  annealed  and  of  such  purity  that  the 
ratio  Riqq/Ro  is  greater  than  1.3910.  The  alloy 
wire  shall  consist  nominally  of  90  percent  platinum 
and  10  percent  rhodium  by  weight.  When  one 
junction  is  at  0°  C,  and  the  other  at  the  freezing 
point  of  antimony  (630.5°  C),  silver,  or  gold,  the 
completed  thermocouple  shall  have  electromotive 
forces,  in  microvolts,  such  that 

£au=  10,300  ±50  pv 

£Au-£Ae=1185  +  0.158(£Au-10,310)  ±3  pv 

£+-£^=4776  +  0.631  (£+,— 10,310)  ±5  pv 
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(d)  Above  the  gold  point  the  temperature,  t,  is 
defined  by  the  formula 

J,  6x(tA.+r,)_1 

J  1 

U  gX(<+Tc)_1 

in  which 

J,  and  Jau  are  the  radiant  energies  per  unit 
wavelength  interval  at  wavelength,  X,  emit¬ 
ted  per  unit  time  by  unit  area  of  a  black  body 
at  the  temperature,  t,  and  at  the  gold  point, 
tAxi,  respectively. 

c2  is  1.438  cm  degrees. 

T0  is  the  temperature  of  the  ice  point  in  °  K. 

X  is  a  wavelength  of  the  visible  spectrum. 

e  is  the  base  of  Naperian  logarithms. 

Part  III.  Recommendations 

The  recommendations  in  the  following  sections 
are  advisory  rather  than  mandatory.  The  appa¬ 
ratus,  methods,  and  procedures  recommended 
represent  good  practice  at  this  time,  but  there  is 
no  intention  of  retarding  the  development  and 
use  of  improvements  and  refinements.  Experience 
has  shown  these  recommendations  to  be  in  the 
interest  of  uniformity  and  reproducibility  in  the 
realization  of  the  temperature  scale  defined  in 
part  II. 

1.  Standard  Resistance  Thermometer 

A  standard  resistance  thermometer  should  be 
so  designed  and  constructed  that  the  wire  of  the 
platinum  resistor  is  as  nearly  strain-free  as  practi¬ 
cable  and  will  remain  so  during  continued  use. 
The  most  suitable  platinum  wire  is  that  drawn 
from  a  fused  ingot,  not  from  forged  sponge. 

Satisfactory  thermometers  have  been  made  with 
wire  as  small  as  0.05  mm  and  as  large  as  0.5  mm  in 
diameter,  a  short  portion  of  each  lead  adjacent  to 
the  resistor  being  made  of  platinum  and  continuing 
with  gold  wire  through  the  region  of  temperature 
gradient.  The  completed  resistor  of  the  thermom¬ 
eter  should  be  annealed  in  air  at  a  temperature 
not  lower  than  about  450°  C,  or  if  it  is  to  be  used 
at  temperatures  above  450°  C,  at  a  temperature 
higher  than  the  highest  temperature  at  which  it  is 
to  be  used.  It  is  recommended  that  the  tube 
protecting  the  completed  resistor  be  filled  with 
gas  containing  some  oxygen. 

A  useful  criterion,  which  serves  as  a  safeguard 
against  inferior  construction  of  the  completed 


thermometer  and  against  errors  in  the  calibrations 
at  the  fixed  points,  is  that  (Rs  —  Ro)/(Rm—Ro) 
(where  Ra  is  the  resistance  at  the  sulfur  point) 
should  be  between  4.2165  and  4.2180.  Similarly, 
if  the  thermometer  is  calibrated  for  use  in  the  range 
below  0°C,  the  ratio,  (RB—R02)KRm—Ro)  (where 
Ro2  is  the  resistance  at  the  oxygen  point)  should 
be  between  6.143  and  6.144.  The  constancy  of 
resistance  at  a  reference  point,  such  as  the  triple 
point  of  water  (or  the  ice  point),  before  and  after 
use  at  other  temperatures,  is  also  a  valuable 
criterion  of  the  adequacy  of  the  annealing  and 
the  reliability  of  the  thermometer  in  service. 

2.  Standard  Thermocouple 

Satisfactory  standard  thermocouples  have  been 
made  of  wires  not  less  than  0.35  mm  and  not  more 
than  0.65  mm  in  diameter.  Before  calibration, 
the  wires  of  the  couple  should  be  annealed  in  air 
for  an  hour  at  about  1100°  C.  The  wire  of  the 
thermocouple  should  be  mounted  so  as  to  avoid 
all  mechanical  constraints  in  the  region  where 
steep  temperature  gradients  are  likely  to  occur. 

3.  Pressure 

Each  of  the  fixed  points  is  given  as  a  temperature 
of  equilibrium  at  a  pressure  of  1,013,250  dynes/ 
cm2.  This  pressure  corresponds  to  the  pressure 
exerted  by  a  column  of  mercury  760  mm  high, 
having  a  density  of  13.5951  g/cm3  and  subject  to  a 
gravitational  attraction  of  980.665  dynes/g.  Ex¬ 
cept  for  work  of  the  highest  precision,  pure  ordi¬ 
nary  (commercial)  mercury  may  be  taken  as  hav¬ 
ing  a  mean  density  of  13.5951  g/cm3  at  0°  C  in 
such  a  mercury  column. 

In  the  following  sections  concerning  fixed  points, 
the  formulas  giving  the  relation  between  the 
pressure,  pt,  at  the  midpoint  of  the  platinum 
resistor  and  the  corresponding  equilibrium  tem¬ 
perature,  tp,  are  given  in  two  forms.  The  poly 
nomial  is  a  convenient  form  when  the  pressure  is 
near  1  standard  atmosphere,  whereas  the  logarith¬ 
mic  form  is  applicable,  as  is  well  known,  over  a 
much  larger  range.  Both  of  these  forms  are  given 
as  functions  of  the  ratio  of  p  to  p0  (standard 
atmospheric  pressure)  and,  consequently,  are 
equally  applicable  whether  p  and  p0  are  expressed 
in  dynes/cm2  or  in  mm  of  mercury  at  0°  C  and 
under  a  gravitational  attraction  of  980.665 
dynes/g. 
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4.  Zero  Point  of  the  Scale 


(b)  Ice  Point 


The  temperature  0°  C  may  be  realized  experi¬ 
mentally  well  enough  for  nearly  all  purposes  by 
the  use  of  a  mixture  of  finely  divided  ice  and  water 
saturated  with  air  at  0°  C  in  a  well-insulated  con¬ 
tainer  such  as  a  Dewar  flask.  It  is  recommended, 
however,  that  for  work  of  the  highest  precision  the 
zero  point  be  realized  by  means  of  the  triple  point 
of  water,  a  point  to  which  the  temperature 
+  0.0100°  C  has  been  assigned. 

This  value  agrees  with  all  existing  experimental 
determinations  up  to  the  present  time  within 
about  0.0002  degree. 

(a)  Triple  Point  of  Water 

The  temperature  of  equilibrium  between  ice, 
liquid  water,  and  water  vapor  has  been  realized  in 
glass  cells  from  4  to  7  cm  in  diameter,  which  have 
an  axial  reentrant  well  for  thermometers  and  con¬ 
tain  only  water  of  high  purity.  The  amount  of 
water  should  be  such  as  to  permit  adequate  immer¬ 
sion  of  the  thermometer  and  to  ensure  the  existence 
of  the  three  phases  during  measurements.  Such 
cells,  when  properly  prepared  for  use  and  kept 
entirely  immersed  in  an  ordinary  ice  bath,  have 
been  found  to  be  capable  of  maintaining  a  temper¬ 
ature  constant  to  0.0001  degree  for  several  days. 

Cells  have  been  prepared  for  use  by  cooling  the 
entire  contents  until  small  crystals  are  present 
throughout  the  liquid.  A  preferred  method  is  to 
freeze  a  thick  mantle  of  ice  around  the  well  by 
rapid  cooling  from  within.  With  this  method,  the 
water  ahead  of  the  forming  ice  contains  most  of 
the  impurities  initially  in  the  water  frozen.  This 
will  result  in  an  appreciable  lowering  of  the  tem¬ 
perature  at  the  outside  of  the  mantle  unless  the 
initial  purity  of  the  water  is  sufficiently  high.  If 
a  thin  layer  of  the  pure  ice  next  to  the  well  is  then 
melted,  a  very  pure  water-ice  interface  immediately 
surrounding  the  well  is  obtained,  and  this  fixes  a 
temperature  that  is  constant  and  reproducible  to 
better  than  0.0001  degree,  provided  the  initial 
outside  temperature  is  not  more  than  0.001  degree 
lower  than  the  temperature  produced  on  the 
interior  after  melting  the  thin  layer  of  ice. 

The  equilibrium  temperature,  t,  corresponding 
to  the  depth,  H  (in  mm),  below  the  vapor-liquid 
surface,  may  be  calculated  from  the  formula 

f=0.0100— 0.7X10-*#. 


By  observing  precautions  in  regard  to  purity  of 
ice  and  water,  the  saturation  of  the  water  at  0°  C 
with  uncontaminated  air,  and  the  effect  of  pres¬ 
sure,  a  temperature  reproducible  within  a  few  ten- 
thousandths  of  a  degree  may  be  realized. 

The  effect  of  pressure  may  be  calculated  from 
the  formula3 

t  =  0.0099  (l-jQ-0.7X10-6#, 

where  t  is  the  equilibrium  temperature,  p  is  the 
prevailing  atmospheric  pressure  at  which  the  water 
is  saturated  with  air,  and  H  is  the  depth  (in  mm) 
below  the  surface  of  the  mixture  of  water  and  ice. 

5.  Oxygen  Point 

The  temperature  of  equilibrium  between  liquid 
oxygen  and  its  vapor  is  usually  realized  experi¬ 
mentally  by  the  static  method.  The  platinum 
resistor  of  the  standard  thermometer  and  the  free 
surface  of  the  liquid  oxygen  in  its  container  are 
brought  to  the  same  temperature  in  a  suitable 
cryostat,  such  as  a  metal  block  in  a  well-stirred 
bath  of  liquid  oxygen.  The  tube  which  connects 
the  space  containing  the  pure  liquid  oxygen  to 
the  manometer  used  for  the  measurement  of  the 
vapor  pressure  should  be  protected  against  temper¬ 
atures  lower  than  the  temperature  of  the  pure 
liquid  oxygen  at  the  location  of  the  resistor  of 
the  standard  resistance  thermometer. 

The  equilibrium  temperature,  tp,  corresponding 
to  a  pressure,  p,  may  be  found  to  an  accuracy  of 
a  few  thousandths  of  a  degree  over  the  range 
from  p  =  660  to  p  =  860  mm,  by  means  of  the 
formula 

t,=  - 182.970  +  9.530  (?-  — 1)-3.72  (2-—  1 J 

+2-2(Jr1)- 

or  to  the  same  accuracy  but  over  a  wider  range  by 
the  formula 

21.94  logjof- 

tP=  —  182.970H - 

1-0.261  logio  “ 


J  Author’s  note.  In  this  formula  the  value,  0.0099,  which  appears  in  the 
official  text,  should  be  0.010.  Ordinarily  the  incorrect  value  will  not  lead  to 
a  significant  error. 
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6.  Steam  Point 

The  temperature  of  equilibrium  between  liquid 
water  and  its  vapor  has  been  realized  by  the 
dynamic  method  with  the  thermometer  in  the 
saturated  vapor,  using  apparatus  of  various  de¬ 
signs,  some  closed  and  others  open  to  the  atmos¬ 
phere.  Closed  systems,  in  which  a  steam-point 
apparatus  and  manometer  are  connected  to  a 
manostat  of  large  volume  filled  with  helium  are 
preferable  for  precise  calibrations  at  the  steam 
point. 

The  design  of  the  steam-point  apparatus  should 
be  such  as  to  avoid  any  superheating  of  the  water 
vapor  around  the  thermometer,  contamination 
with  air  or  other  impurities,  and  radiation  effects. 
A  criterion  that  the  equilibrium  temperature  has 
been  attained  is  that  the  observed  temperature 
corrected  to  a  constant  pressure  is  independent  of 
elapsed  time,  of  variations  in  the  heat  supply  to 
the  liquid,  of  variations  in  the  heat  loss  from  the 
walls,  and  of  the  depth  of  immersion  of  the 
thermometer. 

The  equilibrium  temperature,  tp,  corresponding 
to  the  pressure,  p,  may  be  found  to  an  accuracy 
within  0.001  degree  over  the  range  from  p  =  660 
to  p  =  860  mm  by  means  of  the  formula 

4=100  +  28.012^-l)-11.64(^|--lJ 


or  to  the  same  accuracy  over  a  wider  range  by 
the  formula 

64.500  logic  ^ 

4=100  + - ^o_- 

1-0.1979  log10 1 
V  o 

7.  Sulfur  Point 

The  sulfur  used  in  e  sulfur  boiling-point  appa¬ 
ratus  should  not  contain  more  than  0.005  percent 
of  impurities.  Selenium  and  arsenic  are  the  im¬ 
purities  that  have  been  found  most  likely  to  be 
present  in  quantities  sufficient  to  affect  the  tem¬ 
perature  of  equilibrium  to  a  significant  extent. 

In  the  conventional  type  of  sulfur  boiling- 
point  apparatus  which  has  proved  satisfactory  for 
an  accuracy  of  0.01  to  0.02  degree,  the  sulfur  is 
contained  in  a  tube  of  glass,  fused  silica,  or  similar 
material  with  an  internal  diameter  of  4  to  5  cm. 


The  length  of  the  tube  is  determined  by  the  con¬ 
sideration  that  the  vapor  column  must  be  long 
enough  to  accommodate  a  radiation  shield  and  to 
permit  the  necessary  depth  of  immersion  of  the 
resistance  thermometer.  Electric  heating  is  pref¬ 
erable.  Above  the  source  of  heat  the  tube  is 
surrounded  by  heat-insulating  material. 

In  a  recent  work  in  which  an  accuracy  of  about 
0.001  degree  was  desired,  the  thermometer  was 
Dot  immersed  directly  in  the  sulfur  vapor,  but  in 
an  aluminum  thermometer  well,  thus  adapting 
the  apparatus  for  use  with  a  closed  system.  The 
thermometer  well  was  provided  with  one  or  more 
radiation  shields  so  designed  that  the  interior  of 
the  shield  approximated  a  black  body,  but  with 
ample  openings  for  circulation  of  sulfur  vapor 
throughout  the  interior.  An  electric  heater  was 
provided  to  control  the  heat  loss  from  the  walls. 

A  criterion  that  equilibrium  temperatures  have 
been  attained  is  that  the  observed  temperatures 
corrected  to  a  constant  pressure  should  be  inde¬ 
pendent  of  elapsed  time,  of  variations  in  the  heat 
supply  to  the  liquid,  of  variations  in  the  heat 
loss  from  the  walls,  and  of  the  depth  of  immersion 
of  the  thermometer. 

The  equilibrium  temperature,  tv,  corresponding 
to  a  pressure,  p,  may  be  found  to  an  accuracy  of 
about  0.001  degree  over  the  range  from  p  =  660 
to  p= 800  mm  by  means  of  the  formula 

4  =  444.6  +  69.010 (^  -  l)-27.48(J^— l  j  + 

or,  over  a  wider  range,  by  the  formula 

158.92  log10  ~~ 

4=444. 6H - £o_- 

1-0.234  logio  2- 
V  o 

8.  Silver  and  Gold  Points 

Data  on  the  effect  of  the  impurities  most  likely 
to  be  present  in  carefully  purified  silver  or  gold 
indicate  that  the  addition  of  0.01  percent  by  weight 
of  metallic  impurities  to  pure  silver,  or  of  0.005 
percent  to  pure  gold  will  probably  not  change  the 
freezing  point  in  either  case  by  more  than  0.1 
degree. 

For  calibrating  a  thermocouple,  the  metal  is 
contained  in  a  crucible  of  pure  graphite  or  other 
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refractory  material  which  will  not  contaminate 
the  metal.  Crucibles  of  artifical  graphite  about 
3  cm  inside  diameter  and  15  cm  deep  with  a  wall 
about  1  cm  thick  have  been  found  very  satisfac¬ 
tory.  The  amount  of  metal  required  in  such  a 
crucible  is  about  1600  g  of  gold  or  about  900g 
of  silver.  Silver  must  be  protected  from  oxygen 
while  hot. 

The  crucible  and  metal  are  placed  in  a  furnace 
capable  of  heating  the  contents  to  a  uniform 
temperature.  The  metal  is  melted  and  brought 
to  a  uniform  temperature  a  few  degrees  above  its 
melting  point,  then  allowed  to  cool  slowly.  The 
thermocouple,  mounted  in  a  porcelain  tube  with 
porcelain  insulators  separating  the  two  wires,  is 
immersed  in  the  molten  metal  through  a  hole  in 
the  center  of  the  crucible  cover.  The  depth  of 
immersion  should  be  such  that  the  observed  elec¬ 
tromotive  force  of  the  thermocouple  is  not  changed 
by  more  than  1  microvolt  when  the  immersion  is 
increased  or  decreased  by  1  cm.  During  freezing, 
the  electromotive  force  should  remain  constant 
within  1  microvolt  for  a  period  of  at  least  5 
minutes. 

9.  Freezing  Point  of  Antimony 

The  procedure  in  using  the  freezing  point  of 
antimony  as  a  calibration  temperature  is  sub¬ 
stantially  the  same  as  outlined  above  for  the  silver 
and  gold  points.  Antimony  has  a  marked  tend¬ 
ency  to  undercool  before  freezing.  The  under¬ 
cooling  will  not  be  excessive  if  the  metal  is  heated 
only  a  few  degrees  above  its  melting  point  and  if 
the  liquid  metal  is  stirred.  During  freezing,  the 
electromotive  force  should  remain  constant  within 
1  microvolt  for  a  period  of  at  least  5  minutes. 

10.  Temperature  of  the  Ice  Point  on  the  Kelvin  Scale 

For  the  sake  of  uniformity,  it  is  recommended 
that  the  temperature  of  the  ice  point  on  the  Kelvin 
scale  be  taken  as  273.15°  K.4  5 

Part  IV.  Supplementary  Information 

1.  Resistance-Temperature  Formulas 

The  interpolation  formula,  for  the  range  0°  C 
to  the  freezing  point  of  antimony,  as  given  in  the 
definition  of  the  scale, 

Hi = Ro  ( 1 T  At-\-  Bt 2 ) , 
may  be  written  in  the  Callendar  form 


‘-^(i-O+'Gso-OGso) 

where 


The  relations  between  the  coefficients  are 

A  =  a  ^1  -f- Jopy’  a  —  A-\-\00B, 

p_  db  _  100 2B 

1002’ 4  5~  A+100#' 

The  condition  that  Rm/R0  shall  be  greater  than 
1.3910  is  equivalent  to  requiring  that  a  shall  be 
greater  than  0.003910.  The  condition  that 
(RB  —  R0)/(Rm—R0)  shall  be  between  4.2165  and 
4.2180  is  equivalent  to  requiring  that  6  shall  be 
between  1.488  and  1.498. 

Similarly,  the  interpolation  formula,  for  the 
range  0°  C  to  the  oxygen  point,  as  given  in  the 
definition  of  the  scale. 

Rt=R0[l+At+Bt2-\-C(t-lOO)t3], 

may  be  written  in  the  Callendar-Van  Dusen  form 


4  This  value  273.15°  K  was  not  ratified  by  either  the  International  Com¬ 
mittee  or  the  General  Conference.  The  choice  of  the  last  decimal  figure  was 
postponed. 

s  Author's  note.  The  value  273.15°  K±.02  for  the  temperature  of  the  ice 
point  was  originally  proposed  by  the  Advisory  Committee  on  Thermometry 
in  1939;  and,  in  1948,  the  Committee  did  not  consider  that  enough  new  knowl¬ 
edge  had  been  gained  to  change  this  value.  That  some  uncertainty  was  felt 
about  this  action  is  indicated  by  a  clause  in  Resolution  2,  which  already  had 
been  approved  by  the  Advisory  Committee,  and  was  later  adopted  by  the 
General  Conference.  This  resolution  resulted  from  a  proposal  the  committee 
had  received  to  define  an  absolute  thermodynamic  temperature  scale  by 
assigning  a  value  to  the  temperature  of  a  single  fixed  point. 

“Resolution  2.  The  Advisory  Committee  recognizes  the  principle  of 
an  absolute  thermodynamic  scale  requiring  only  one  fundamental  fixed  point, 
which  would  now  be  the  triple  point  of  puro  water,  for  which  the  absolute 
tempeiature  will  be  chosen  later. 

“The  introduction  of  this  new  scale  in  no  way  affects  the  International 
Scale  which  continues  to  be  the  recommended  practical  scale.” 

This  resolution  defers  the  establishment  of  a  precise  value  for  the  tempera¬ 
ture  cf  the  ice  point.  Inasmuch  as  it  is  definitely  stated  at  the  beginning  of 
Part  III  of  this  text  that  “The  recommendations  in  the  following  sections  are 
advisory  rather  than  mandatory”,  many  scientists  will  not  consider  it  manda¬ 
tory  to  accept  this  recommended  value  for  the  ice  point.  In  the  United  States 
of  America  the  value,  273.16°  K,  for  the  temperature  of  the  ice  point  has  been 
so  generally  accepted  that  its  use  now  prevails  in  scientific  publications,  and 
this  value  will  probably  continue  to  be  used  until  a  more  accurate  one  has 
been  agreed  upon. 
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The  relations  between  A,  B  and  a,  8  are  as  given 
above  and  the  other  relations  are 

„  a0  j  1004<7 

L~  1004’  ana  A+100B 

The  condition  that  (7?e  —  Ro2)/(Rioo— Bo)  shall  be 
between  6.143  and  6.144  is  equivalent  to  requiring 
that  0.58525  —  /3  shall  be  between  0.7656  and 
0.7598. 

2.  Secondary  Fixed  Points 

In  addition  to  the  six  fundamental  and  primary 
fixed  points,  certain  other  fixed  points  are  avail¬ 
able  and  may  be  useful  for  various  purposes. 
Some  of  the  more  constant  and  reproducible  of 
these  fixed  points  and  their  temperatures  on  the 
International  Temperature  Scale  of  1948  are  given 
in  Table  II.  The  temperatures  given  are  those 
corresponding  to  a  pressure  of  1  standard  atmos¬ 
phere,  except  for  the  triple  points  of  water  and 
of  benzoic  acid.  The  formulas  for  the  variation  of 
temperature  with  pressure  are  intended  for  use 
over  the  range  from  p  =  680  to  p  =  780  mm  of 
mercury. 

Table  II.  Secondary  Fixed  Points  under  the  pressure  of  1 
standard  atmosphere  ( except  for  the  triple  points ) 

Tempera¬ 
ture  °C 
( Int .  1948 ) 

Temperature  of  equilibrium  between  solid  car¬ 
bon  dioxide  and  its  vapor _  —78.  5 

*,=  -78.5  +  12.12  (|—l)-6.4  (2—  l)‘ 

Temperature  of  freezing  mercury _  —38.  87 

Temperature  of  equilibrium  between  ice,  water 

and  its  vapor  (Triple  Point) _  +0.  0100 

Temperature  of  transition  of  sodium  sulphate 

decahydrate _  32.  38 

Temperature  of  triple  point  of  benzoic  acid _  122.  36 

Temperature  of  equilibrium  between  naphtha¬ 
lene  and  its  vapor _  218.  0 

*,  =  218.0  +  44.4  (^-l)-19 

Temperature  of  freezing  tin _  231.  9 

Temperature  of  equilibrium  between  benzo- 

phenone  and  its  vapor _  305.  9 

*P= 305.9  +  48.8  (T_i^_21  (£-- 1^2 

Temperature  of  freezing  cadmium _  320.  9 


Table  II.  Secondary  Fixed  Points  under  the  pressure  of  1 
standard  atmosphere — Continued 

Tempera¬ 
ture  °  C 
(Int.  1948) 


Temperature  of  freezing  lead _  327.  3 

Temperature  of  equilibrium  between  mercury 

and  its  vapor _  356.  58 


*,  =  356.58  +  55.552  ^--1^- 

23'o8(^-iy+i4-°(V1)’ 


Temperature  of  freezing  zinc _  419.  5 

Temperature  of  freezing  antimony _  630.  5 

Temperature  of  freezing  aluminum _  660.  1 

Temperature  of  freezing  copper  in  a  reducing 

atmosphere _  1083 

Temperature  of  freezing  nickel _  1453 

Temperature  of  freezing  cobalt.' _  1492 

Temperature  of  freezing  palladium _  1552 

Temperature  of  freezing  platinum _  1769 

Temperature  of  freezing  rhodium _  1960 

Temperature  of  freezing  iridium _  2443 

Temperature  of  melting  tungsten _  3380 


3.  Relation  Between  the  International  Temperature  Scale  of 
1948  and  the  Thermodynamic  Centigrade  Scale 

At  the  time  of  the  adoption  of  the  International 
Temperature  Scale  of  1927,  the  evidence  available 
was  insufficient  to  establish  definite  differences  be¬ 
tween  that  scale  and  the  thermodynamic  centi¬ 
grade  scale.  The  earlier  investigations,  such  as 
those  published  in  1911  by  the  Physikalisch- 
Technische  Reichsanstalt,  indicated  no  differences 
exceeding  0.05  degree  in  the  range  0°  C  to  the 
sulfur  point. 

Recent  investigations  at  the  Massachusetts  In¬ 
stitute  of  Technology  indicate  larger  differences 
between  200°  C  and  the  sulfur  point.  Intercom¬ 
parisons  of  two  nitrogen  gas  thermometers  with 
platinum  resistance  thermometers  were  made  at 
0°,  25°,  50°,  75°,  100°,  150°,  200°,  250°,  300°, 
350°  C,  the  mercury  boiling  point,  400°  C  and  the 
sulfur  point.  The  differences  found  between 
t (thermodynamic  scale)  and  t (International  Scale) 
have  been  formulated  as  follows: 

t  (therm)  —  t  (Int)  =  ^  (lbb~  *)  (0-04217  — 
7.481  XIO"5*). 

The  sulfur  point  on  the  thermodynamic  scale  was 
found  to  be  444.74°  C,  the  results  obtained  with 
the  two  gas  thermometers  differing  by  about  0.05 
degree. 
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In  the  range  fromO0  C  to  the  oxygen  point,  inter¬ 
comparisons  published  by  the  Physikalisch-Tech- 
nische  Reichsanstalt  in  1932  and  by  the  Leiden 
Laboratory  in  1935  indicate  that  the  differences 
between  the  International  and  thermodynamic 
scales  are  less  than  0.05  degree.  Agreement  is 
lacking  as  to  the  sign  of  some  of  the  reported  differ¬ 
ences,  which  are  of  the  order  of  magnitude  of  the 
possible  uncertainties  in  the  gas  thermometer 
measurements. 

In  the  range  extending  below  the  oxygen  point, 
there  is  evidence  that  temperatures  on  fhe  Inter¬ 
national  Temperature  Scale  of  1927  are  progress¬ 
ively  higher  than  those  on  the  thermodynamic 
scale,  amounting  to  several  hundredths  of  a  degree 
at  —190°  C.  For  this  reason,  and  also  because  it 
is  advantageous  to  terminate  the  various  parts  of 
the  scale  at  calibration  points,  the  International 
Temperature  Scale  of  1948  extends  only  to  the 
oxygen  point. 

In  the  range  from  the  freezing  point  of  antimony 
to  the  gold  point,  there  is  little  evidence  relative 


to  the  sign  or  magnitude  of  departures  of  the  In¬ 
ternational  from  the  thermodynamic  scale.  The 
value  1063.0°  C  for  the  gold  point  has  been  ac¬ 
cepted  as  a  conventional  definition  and  will  doubt¬ 
less  remain  so  until  the  appearance  of  new  and 
more  accurate  basic  data.  The  change  from  960.5° 
to  960.8°  C  is  well  within  the  uncertainty  of  the 
location  of  the  silver  point  on  the  thermodynamic 
scale.  This  change  makes  the  thermocouple  scale 
join  more  smoothly,  not  only  with  the  resistance 
thermometer  scale  at  the  freezing  point  of  anti¬ 
mony,  but  also  with  the  optical  pyrometer  scale 
at  the  gold  point  when  c2=  1.438  cm  degrees. 

It  is  of  interest  to  note  that,  granting  the  validity 
of  Planck’s  formula,  temperatures  above  the  gold 
point  on  the  International  Temperature  Scale  of 
1948  will  differ  from  those  on  the  thermodynamic 
centigrade  scale  only  to  the  extent  caused  by 
errors  in  the  constants,  c2,  fAu,  and  T0,  used  in  the 
formula. 

Washington,  January  14,  1949. 
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Absolute  Temperatures  below  1°K:  Chromic  Methylammonium  Alum 

as  a  Thermometric  Substance 

E.  Ambler  and  R.  P.  Hudson 
National  Bureau  of  Standards,  Washington,  D.  C. 

(Received  February  19,  1957) 

The  method  of  gamma-ray  calorimetry  has  been  employed  to  determine  the  entropy-temperature  relation 
for  a  single-crystal  of  chromic  methylammonium  alum  in  the  range  0.015°  — 1°K.  A  critical  discussion  of 
possible  sources  of  error  is  given;  the  accuracy  in  T  is  estimated  to  be  approximately  5%  throughout  the 
region  investigated.  There  is  close  agreement  between  the  Hebb-Purcell  theoretical  S  —  T  relation  and  the 
present  data  down  to  0.07 °K.  The  fact  that  the  susceptibility-entropy  relation  varies  considerably  for  differ¬ 
ent  specimens  at  temperatures  below  0.06°K  suggests  that  S  —  T  measurements  are  of  limited  value  in  that 
region,  especially  from  a  thermometric  point  of  view. 


I.  INTRODUCTION 

THE  choice  of  a  paramagnetic  salt  as  the  working 
substance  in  the  magnetic  cooling  process  is 
governed  primarily  by  (a)  how  low  a  temperature  range 
may  be  reached,  (b)  the  heat  capacity,  which  governs 
the  length  of  time  that  such  temperatures  can  be  main¬ 
tained,  (c)  the  susceptibility,  or  rather  the  tempera¬ 
ture  variation  of  the  susceptibility,  which  is  generally 
used  as  the  thermometric  indicator.  These  properties 
vary  considerably  with  crystallographic  and  chemical 
constitution,  so  that  for  any  particular  experiment  it  is 
often  necessary  to  make  a  careful  choice  of  working 
substance.  In  the  widening  field  of  research  on  para¬ 
magnetism  at  low  temperatures  many  new  salts  have 
been  investigated,  some  showing  unusual  properties 
which  have  enabled  novel  experiments  to  be  done  in 
the  range  of  temperature  below  1°K.  For  many  applica¬ 
tions,  however,  a  good  “all-round”  material  is  needed. 
For  such  a  role  the  alums  have  long  held  sway,  and  in 
particular  one  has  been  led  to  select  chromic  methyl¬ 
ammonium  alum  (CMA),  Cr2(S04)3- (CH3NH3)2S04- 
24H20,  as  ideal.1 2  Since  one  would  expect  that  this  sub¬ 
stance  would  be  widely  used,  it  is  important  that  the 
above-mentioned  properties  should  be  accurately  de¬ 
termined  and  checked  for  reproducibility. 

A  number  of  investigations  have  been  made  on  CMA 
in  the  region  below  1°K  in  recent  years2-6  but  only  one 
of  these3  involved  a  major  effort  to  determine  thermo¬ 
dynamic  temperatures.  In  order  to  complete  the  low 
temperature  studies  made  on  CMA  in  this  Laboratory, 
similar  measurements  were  carried  out  by  the  authors 
in  1954.  These  were  in  generally  good  agreement  with 

1  For  more  detailed  discussion,  see,  for  example,  the  review 
articles  by  D.  de  Klerk  and  M.  J.  Steenland,  Progress  in  Low 
Temperature  Physics  (Interscience  Publishers,  Inc.,  New  York, 
1955),  Chap.  XIV ;  E.  Ambler  and  R.  P.  Hudson,  Repts.  Progr. 
Phys.  18,  251  (1955). 

2  D.  de  Klerk  and  R.  P.  Hudson,  Phys.  Rev.  91,  278  (1953). 

3  W.  E.  Gardner  and  N.  Kurti,  Proc.  Roy.  Soc.  (London)  A223, 
542  (1954). 

4  R.  P.  Hudson  and  C.  K.  McLane,  Phys.  Rev.  95,  932 

(1954). 


the  findings  of  Gardner  and  Kurti3  but  were  of  unsatis¬ 
factory  accuracy  (see  the  following).  The  measure¬ 
ments  were  resumed  recently  and  the  outcome  forms 
the  subject  of  this  report.  Although  the  difficulties  and 
causes  of  inaccuracy  in  this  type  of  measurement  have 
been  recognized  for  some  time,  no  attempt  seems  to  have 
been  made  to  estimate  errors  quantitatively.  (They  are 
usually  depressingly  large.)  The  questions  of  precision 
for  a  specific  series  of  measurements,  and  of  the  value 
of  the  latter  when  used  for  the  subject  substance 
generally,  will  be  examined  closely  in  this  paper. 

II.  APPARATUS 

The  demagnetization  and  susceptibility-measure¬ 
ment  apparatus  has  been  described  earlier  by  Hudson 
and  McLane.4 *  For  introducing  heat  uniformly  into 
the  salt  (see  Procedure)  a  250-mc  Co60  gamma-ray 
source  was  employed,  comprising  sixteen  cobalt  wires, 
each  2  in.  long,  sealed  in  aluminum  tubes.  These  were 
held  in  cylindrical  array  (four  inches  in  diameter) 
coaxial  with  the  cryostat  by  a  rigid  assembly  of  thin- 
walled  brass  tubes.  The  source-assembly  could  be 
raised  from  a  massive  lead  pig  some  four  feet  below 
the  cryostat  into  the  heating  position  in  roughly  two 
seconds.  The  heating  produced  in  the  salt  amounted  to 
1300  ergs/mole/sec.  The  background  heating  was  re¬ 
duced  to  about  4%  of  this  figure  by  using  an  extremely 
fragile  (95  mm  long  and  over  the  central  40  mm  portion 
about  1.2  mm  o.d.,  0.2  mm  wall  thickness)  glass  sup¬ 
porting  tube  to  the  crystal.  In  the  first  series  of  experi¬ 
ments  (Series  A)  a  one-inch  sphere  ground  from  a 
single  crystal7  was  employed,  but  with  this  arrangement 
the  crystal  extended  too  far  along  the  axis  of  the 
gamma-ray  source  so  that  the  absorption  was  not  uni¬ 
form.  Conditions  were  considerably  improved  in  Series 
B  by  there  using  a  smaller  specimen,  S.C.  Illb,  19  mm 
in  diameter  (0.012  mole). 

Ill  PROCEDURE 

The  magnetic  thermometer  was  calibrated  in  the 
1°-2.2°K  region,  using  the  Tb 5E  helium  vapor-pressure 


6  E.  Ambler  and  R.  P.  Hudson,  Phys.  Rev.  96,  907  (1954). 

6  Beun,  Steenland,  de  Klerk,  and  Gorter,  Physica  21,  767 

(1955).  7  This  was  the  specimen  designated  S.C.  II  in  references  4  and  5. 
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Fig.  1.  Entropy  vs  magnetic 
temperature  for  spherical  crys¬ 
tal  specimen  S.C.  Illb.  The 
broken  line  is  calculated  ac¬ 
cording  to  Hebb  and  Purcell’s 
theory  with  6/&  =  0.267  °K. 


scale  of  temperature8;  the  scatter  of  individual  points 
from  a  Curie  law  plot  was  less  than  one  millidegree. 
Major  procedural  details  have  also  been  given  earlier.2,4 
Susceptibility  determinations  were  made  continuously 
during  the  heating  periods  as  well  as  during  “drift” 
intervals,  there  being  only  a  small  correction  to  the 
ac-bridge  readings  because  of  the  proximity  to  the 
measuring  coils  of  the  metal  in  the  source-assembly.  A 
267-cps  measuring  field  was  employed,  of  magnitude 
0.3  oersted  for  the  high  temperature  region  and  0.1 
oersted  at  the  lowest  temperatures. 

In  the  experiments  with  S.C.  II,  the  strong  initial 
magnetizing  field  and  the  small  ac  measuring  field  were 
each  applied  along  cubic  axes  of  the  crystal.  S.C.  Illb 
was  arbitrarily  oriented,  but  this  has  only  a  very  small 
effect  on  the  entropy9  and  no  effect  on  the  zero-field 

8  See  Clement,  Logan,  and  Gaffney,  Phys.  Rev.  100,  743  (1955), 
note  added  in  proof. 

9  J.  M.  Daniels  and  N.  Kurti,  Proc.  Roy.  Soc.  (London)  A221, 

243  (1954).  These  authors  derived  a  general  formula  (arbitrary 
orientation  of  H)  valid  for  the  condition  g(3Hy>8.  For  the  case 
gf3H^8  we  have  made  the  further  check  of  deriving  exact  expres¬ 
sions  for  S/R  for  several  specific  orientations  of  H.  The  computa¬ 
tion  was  very  kindly  carried  out  by  Dr.  W.  G .  Nef, 


susceptibility  measurements,  even  below  the  Neel 
point.6 

The  method  of  deriving  absolute  temperatures  from 
calorimetric  and  magnetic  measurements,  and  of  heat¬ 
ing  by  means  of  gamma  irradiation,  was  developed 
some  twenty  years  ago  by  Kurti  and  Simon.10  One 
measures  both  Q  and  5  as  functions  of  a  suitably  sensi¬ 
tive  thermometric  parameter,  e.g.,  the  susceptibility, 
X,  (in  “zero”  field)  whence,  making  use  of  the  funda¬ 
mental  relation  T=dQ/dS, 

T=(dQ/dx)(dS/dx)-1.  (1) 

More  frequently,  the  magnetic  temperature,  T*(  —  c/x, 
where  c  is  the  Curie  constant)  is  employed  since  T* 
remains  a  fair  approximation  to  T  in  the  tenths-of-a- 
degree  region  and  dQ/dT*  is  then  a  pseudo  specific  heat, 
denoted  by  C*.  (The  susceptibility,  x,  as  used  here  is, 
of  course,  an  apparent  susceptibility  as  measured  on  a 
spherical  specimen.) 

10  N.  Kurti  and  F.  Simon,  Proc.  Roy.  Soc.  (London)  A149,  161 
(1935),  footnote;  ibid.  A152,  21  (1935);  see  also  W.  H.  Keesom, 
J.  Phys.  radium  5,  373  (1934). 
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(tT2 

Fig.  2.  Entropy  vs  inverse  square  of  magnetic  temperature.  The  solid  line  is  calculated  for  5/£  =  0.267°K  and  the 

broken  line  is  the  tangent  to  this  at  the  origin. 


The  coefficient  of  absorption  of  the  7  rays  is  assumed 
to  be  temperature  independent  (see  Discussion).  The 
heat  supply,  dQ/dt,  is  therefore  constant  for  all  de¬ 
magnetizations  and 

C*  =  dQ/dT*  =  (dQ/dt)  (dT*/dt)~\  (2a) 

=  const  (dT*/dt)~l.  (2b) 

Each  C*  point  was  determined  by  the  normal  cal¬ 
orimetric  procedure,  i.e.,  observing  heating  and  “drift” 
periods  successively.  In  the  high  temperature  region, 
i.e.,  above  0.1°K,  for  each  demagnetization  some  four 
or  five  points  were  obtained,  care  being  taken  that  the 
last  (highest  temperature)  point  of  a  set  lay  within  the 
region  spanned  by  the  points  of  the  set  from  the  pre¬ 
ceding  demagnetization  (to  a  higher  temperature). 
This  provided  a  means  of  checking  whether  points  ob¬ 
tained  at  the  end  of  a  set,  i.e.,  after  rather  prolonged 
heating,  were  accurate  or  whether  because  of  the  poor 
thermal  diffusivity  surface  (drift)  heating  and  non¬ 
uniformity  of  the  gamma-ray  heating  had  caused  major 
temperature  inhomogeneities  within  the  specimen.  The 
object  in  view  was,  of  course,  to  obtain  as  many  points 
per  demagnetization  as  was  consistent  with  a  high 
accuracy,  since  magnetic  cooling  is  a  time-consuming 
procedure. 


IV.  RESULTS 
(1)  The  S-T*  Relation 

For  each  demagnetization  the  entropy,  S,  was  cal¬ 
culated  in  the  usual  way  from  the  known  starting  condi¬ 
tions  of  magnetizing  field  and  temperature,  with 
g—  1 .976, 11  applying  a  small  correction  for  the  effect 
of  the  crystalline  field.9,12  The  results  for  Series  B,  i.e., 
with  S.C.  Illb,  are  shown  in  Fig.  1  where  the  experi¬ 
mental  5—  T*  points  are  compared  with  a  curve  de¬ 
rived  on  the  basis  of  the  theory  of  Hebb  and  Purcell13 
using  a  value  of  0.267°K  for  8/k,  the  crystalline  field 
splitting  of  the  ground-state  spin-quadruplet  in  the 
Cr+++  ion.  The  above  value  for  8/k  was  also  found  for 
S.C.  II,  in  Series  A  and  on  prior  occasions,4,6  although 
marked  differences  in  the  curves  appear  at  the  lowest 
temperatures  (see  below).  These  are  most  probably  due 
to  varying  internal  strains  or  structures  arising  from 
different  rates  of  precooling4  through  the  region  of  160°K 
where  a  structural  change  occurs.  This  is  indicated  by 
anomalous  dielectric  behavior  and  the  onset  of  ferro- 
electricity, 14,15  and  below  this  point  the  electric  field 

11  J.  M.  Baker,  Proc.  Phys.  Soc.  (London)  B69,  633  (1956). 

12  R.  P.  Hudson,  Phys.  Rev.  88,  570  (1952). 

13  M.  H.  Hebb  and  E.  M.  Purcell,  J.  Chem.  Phys.  5,  338  (1937). 

14  Pepinsky,  Jona,  and  Shirane,  Phys.  Rev.  102,  1181  (1956). 

16  E.  Ambler  and  R.  P.  Hudson  (to  be  published). 
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Fig.  3.  Reciprocal  of  rate  of 
change  of  T*  under  gamma-ray 
heating  (after  “drift”  correc¬ 
tion)  vs  ( r*)~ 2.  The  solid  line 
is  tangent  at  the  origin  to  the 
best  curve  through  the  experi¬ 
mental  points  (not  shown)  the 
necessary  extrapolation  being 
carried  out  as  explained  in  the 
text. 


acting  on  the  magnetic  ions  develops  a  small  com¬ 
ponent  of  tetragonal  symmetry.11 

At  “high”  temperatures  (T«1°K)  both  the  entropy 
and  specific  heat  vary  as  T~ 2  to  a  good  approximation13 : 

ln4-  S/R =b/r=\  {b/kTY+ 1 .2  (r/T)2,  (3a) 

C/R=2b/r-,  (3b) 

where  r  =  3c=0.0189°K.  Thus  one  may  use  the  S—T* 
data  to  derive  b  and  hence  C*  (for  this  temperature 
region  where  T*~T),  and  so  finally  the  value  of  the 
gamma-ray  heater  calibration  constant  in  Eq.  (2b). 

An  approximate  value  for  b  may  be  obtained  by 
plotting  ln4— S/R  as  a  function  of  ( T*)~ 2  and  drawing 
a  straight  line  through  the  points  nearest  the  origin.3 
To  obtain  b  more  precisely,  however,  it  is  preferable  to 
find  the  value  of  5  by  fitting  a  Hebb-Purcell  curve  to 
the  data,  and  then  to  calculate  b  from  Eq.  (3a). 

In  Fig.  2  we  have  plotted  ln4—  S/R  as  a  function  of 
(T*)~2  and  drawn  in  both  the  theoretical  curve  for 
d/k=0. 267°K  and  the  tangent  at  the  origin.  It  will  be 
observed  that  the  slope  of  the  latter  is  significantly 
greater  than  that  of  a  straight  line  passing  through  the 
origin  and,  say,  the  first  five  points.  The  figures  are 
9.335X10-3  and  9.185X10-3,  respectively. 

(2)  The  “Specific  Heat”  C* 

With  the  value  of  b  determined,  one  may  similarly 
plot  the  ( dt/dT *)  data  against  ( T*)~ 2  and  equate  the 


initial  slope  to  2 b(Q/R)~l.  The  graph  is  shown  in  Fig.  3. 
The  same  objections  apply  here,  however,  as  were 
raised  in  the  preceding  section.  One  needs  a  smoothing 
function  which  will  fit  the  data  closely  and  permit  a 
calculation  of  the  slope  at  the  origin.  Unfortunately  the 
scatter  in  the  calorimetric  data  (about  two  percent) 
permitted  a  variety  of  analytical  curves  to  be  fitted  and 
it  was  not  possible  to  arrive  thus  at  an  unambiguous 
value  for  the  slope. 

The  solution  to  the  problem  was  found  in  the  use  of  a 
“normalizing”  function,  namely  the  theoretical  C*—T* 
relation.  The  quantity  (dt/dT*)(Cth*/R)~1=  (Q/R)^1 
should  be  essentially  independent  of  temperature  and 
it  should  be  possible  to  plot  its  values  as  a  function  of 
1  /T*  and  make  an  accurate  extrapolation  to  zero.  These 
expectations  were  realized  and  the  extrapolated  value 
was  1055±20  min  deg-1,  the  error  being  largely  de¬ 
termined  by  the  scatter  in  the  calorimetric  data.  Hence 
Q/R  =  9.48±0.18X  10-4  deg  min-1,  or  Q=  7.88X  104  ergs 
mole-1  min-1.  A  preliminary  computation,  by  fitting  a 
straight  line  by  the  method  of  least  squares  to  the  points 
in  Fig.  3  for  (T*)-2<3,  gave  Q/R=  10.06X  10-4,  a 
value  some  6%  greater  than  that  previously  quoted. 

The  entire  C*  curve  is  shown  in  Fig.  4.  Here  are 
plotted  the  data  from  Series  B  together  with  the 
smoothed  results  of  Gardner  and  Kurti.  Below 
r*  =  0.05°  the  curve  rises  rapidly  toward  infinity  as  the 
maximum  in  susceptibility  is  approached  (compare 
Fig.  1).  The  differences  between  the  current  results  and 
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Fig.  4.  Pseudo  specific  heat,  C*,  vs  magnetic  temperature.  0  =  direct  measurements,  X=  points  obtained  from 
differentiation  of  “master-0  curve”  (see  text),  #=data  of  Gardner  and  Kurti.  Inset  is  the  high  temperature  region 
drawn  to  a  larger  scale,  with  the  broken  line  corresponding  to  the  solid  line  of  Fig.  3. 


the  Gardner-Kurti  data  are  quite  large  below  r*  =  0.3° 
and  must  be  due  in  part,  at  least,  to  the  different  pro¬ 
cedures  for  calibrating  the  heater,  as  described  above; 
the  points  for  Series  A  (not  shown)  lie  in  between.  As 
we  discuss  in  more  detail  in  the  following,  the  latter 
results  are  suspect  in  the  low-temperature  region  on 
the'  grounds  of  nonuniform  heating,  but  the  separation 
from  Series  B  above  T*  =  0.1°  was  nowhere  greater  than 
8%  (this  at  0.22°)  which  is  within  the  estimated  pre¬ 
cision  of  measurement,  viz.  ±5%  (see  Discussion)  and 
part  of  which  at  least  could  represent  genuine  differ¬ 
ences  between  the  specimens. 

(3)  Susceptibility  in  the  Region  of  the  Maximum 

Although  the  nonreproducible  behavior  of  the  alums 
shows  up  to  a  certain  extent  in  the  different  values  of  5 
which  may  be  obtained  for  different  specimens,  and 
also  in  different  laboratories,1,4  the  greatest  variations 
in  T*  are  manifested  in  the  region  of  the  Neel  point,  or 
susceptibility  maximum.4  This  fact  is  illustrated  in 
Fig.  5  where  we  compare  the  data  for  S.C.  Illb,  for 
S.C.  II  on  two  different  occasions,  and  those  for  the 
Gardner-Kurti  specimen.  The  fact  that  the  latter  was 
a  compressed-powder  ellipsoid  rather  than  a  single¬ 
crystal  sphere  might  be  invoked  to  account  for  its 


egregious  behavior,  but  an  explanation3  in  terms  of 
the  ballistic  method  of  measurement  contrasting  with 
ac  determinations  is  unlikely  to  be  valid.  Where  both 
types  of  measurement  have  been  employed  on  the  same 
specimen  (crystal)  the  difference  in  susceptibility  is 
relatively  small.4,6  The  ballistic  susceptibility,  further¬ 
more,  is  larger  (for  small  measuring  fields)  than  the  ac 
susceptibility  in  the  neighborhood  of  the  maximum. 
Finally,  a  loosely-packed  powder  specimen  also  showed 
essentially  “single-crystal  behavior.”2 

It  is  obvious  from  these  and  earlier  results  that  any 
one  T—  T*  correlation  has  no  general  value  at  the  lowest 
entropies.  Thus  the  highest  value  of  Xm»x  observed, 
55X10_8i?  (Fig.  5),  and  the  lowest,3  44X10-8/?  (Fig.  5) 
correspond  to  a  range  in  T* — for  the  same  entropy,  and 
supposedly  same  T — of  0.41°  to  0.51°. 

(4)  The  Q  —  S  Relation 

Determination  of  absolute  temperatures  by  the 
calorimetric  method  requires  a  knowledge  of  the  rela¬ 
tion  between  the  heat  content,  Q  (  =  the  internal  energy, 
U,  in  zero  field),  and  the  entropy,  S.  The  Q—  T*  relation 
may  be  obtained  by  integration  of  the  C*—  T*  curve, 
then  combining  with  the  A—  T*  relation  gives  Q  vs  S 
which  may  be  differentiated  to  yield  T.  Alternatively, 
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Fig.  5.  Entropy  vs  ac  suscep¬ 
tibility,  showing  nonreproducible 
behavior  in  different  specimens. 

- ,  O,  X,  S.  C.  Illb  June  and 

July,  1956; - ,  S.  C.  II 

September,  1953 ; - ,  S.  C.  II 

November,  1954;  *  data  of 

Gardner  and  Kurti  (compressed- 
powder  ellipsoid).  (The  entropy 
values  here  are  all  slightly  low  as 
a  result  of  using  a  g  value  of  2  in 
the  early  computations.) 


one  may  differentiate  61—  T*  and  combine  with  C* 
(since  T—C*  ( dS/dT *)_1) — a  procedural  difference  only. 

The  measurement  of  C*  by  the  method  described 
in  III,  however,  cannot  be  continued  down  to  very  low 
temperatures.  First,  C*  rises  rapidly  towards  infinity 
in  the  neighborhood  of  the  susceptibility  maximum. 
Second,  below  about  T*  =  0.06°  for  the  case  of  a  single 
crystal,  and  probably  below  0.1°  for  a  compress  of 
powder,  the  thermal  diffusivity  of  the  salt  becomes  very 
small  and  it  is  impossible  to  make  a  valid  correction 
for  the  “drift”  heating.  The  latter  warms  the  surface 
preferentially  and  the  (apparent)  susceptibility  becomes 
an  arbitrary  function  of  the  entropy.  The  situation  is 
made  worse  by  any  inhomogeneity  in  the  gamma- 
irradiation. 

In  such  a  region  one  resorts  to  the  “total  Q  method,” 
namely,  upon  demagnetization  one  heats  the  salt 
rapidly  back  into  the  “high  temperature”  region, 
noting  the  time  taken  to  arrive  at  some  suitably  chosen 
reference  T*.  The  value  of  5  corresponding  to  the  latter 
being  known,  and  setting  Q  arbitrarily  equal  to  zero 
at  this  point,  one  may  thus  obtain  a  series  of  Q— S 


points,  construct  the  curve  and  extend  it  into  the  high 
temperature  region  by  combining  it  with  that  portion 
already  obtained  from  the  integration  of  C*.16  The 
essential  condition  is  that  an  adequately  high  value 
of  T*  be  selected  for  the  reference  point.  (If  the  heating- 
rate  be  large  compared  with  the  drift,  a  fairly  large  error 
in  the  estimated  value  of  the  latter  will  give  rise  to  a 
much  smaller  error  in  the  Q  values.) 

With  the  salt  being  heated  continuously,  suscep¬ 
tibility  determinations  were  made  at  intervals  deter¬ 
mined  by  the  rate  of  change  of  bridge  balance  (ranging 
from  a  few  seconds  to  one  minute)  until  the  salt  had 
warmed  to  r*  =  0.1°  (actually,  to  a  bridge  dial-setting 
of  25.000  for  Series  B).  This  reference  temperature  was 
chosen  since  the  work  of  Daniels  and  Kurti  on  a  com- 


16  This  technique  forms  part  of  the  lore  of  gamma-ray  calorim¬ 
etry  below  1°K,  as  developed  at  the  Clarendon  Laboratory, 
Oxford.  To  the  writers’  knowledge,  the  first  published  account  of 
its  use,  however,  is  by  J.  M.  Daniels  and  F.  N.  H.  Robinson, 
Phil.  Mag.  44,  630  (1953).  It  is  only  reliable  to  the  extent  that  the 
background-heating  is  negligible  compared  with  the  irradiation¬ 
heating,  or  that  the  former  is  the  same  at  all  temperatures  and 
for  each  demagnetization. 
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Fig.  6.  Warmup 
curves  under  con¬ 
tinuous  gamma-ir¬ 
radiation  for  various 
initial  entropies.  The 
bridge  balance,  n,  is 
plotted  as  a  function 
of  (negative)  time, 
all  curves  being  ad¬ 
justed  to  a  common 
time-zero,  namely 
the  instant  when 
the  bridge  balanced 
at  25.000.  The  solid 
line  is  the  ideal  curve 
(homogeneity  of  tem¬ 
perature)  calculated 
back  from  the  final 
results. 


pressed-powder  specimen  of  potassium  chromic  alum17 
had  indicated  that  the  thermal  diffusivity  was  ade¬ 
quate  above  T*  =  0.07°.  With  the  superior  conductivity 
of  a  single  crystal,  the  even  higher  temperature  of  0.1° 
could  confidently  be  expected  to  suffice. 

In  the  event,  it  was  found  that  the  heating  curves 
(bridge  turns,  n,  vs  time)  for  all  demagnetizations  could 
be  superimposed  for  «<40  i.e.,  for  r*>0.08°.  (Numeri¬ 
cal  details  are  given  in  Table  I,  wherein  times  are 


Table  I.  Continuous-heating  curves  for  different  entropies. 
Data  are  times  (in  seconds)  prior  to  zero  chosen  as  the  instant 
when  n—  25. 


Hi/Ti 

Bridge  turns  and  approximate  T* 

80  60  40  35 

0.050  0.062  0.081  0.088 

30 

0.095 

9930 

423* 

245 

10  500 

548 

421* 

244 

10  955 

545 

420* 

244* 

12  155 

8311 

763 

545* 

420 

243* 

13  375 

827 

757* 

543 

419 

243 

13  635 

827 

756* 

545 

420 

243 

14  195 

828* 

758 

544* 

420 

243* 

15  410 

833 

756* 

543 

16  210 

829i 

752* 

544 

419* 

244 

17  260 

828 

748 

542* 

418* 

243 

17  900 

831i 

751 

544 

243* 

18  445 

833 

753* 

543* 

419 

243 

17  J.  M.  Daniels  and  N.  Kurti,  Proc.  Roy.  Soc.  (London)  A221, 
243  (1954). 


negative  with  zero  at  n—  25.)  This  is  also  evidence  that 
the  drift  rate  must  have  been  the  same  for  all  demag¬ 
netizations,  to  a  good  approximation.  The  drift  rates 
determined  in  the  “high  temperature”  region  varied 
from  about  3%  of  the  gamma-ray  heating  at  r*  =  0.1° 
to  about  5%  at  T*  =  0.7°  with  a  local  scatter  of  about 
\%.  In  order  to  apply  a  correction  to  the  total  —  Q  data, 
a  fixed  allocation  of  4%  drift  was  made. 

In  Fig.  6  are  plotted  curves  of  bridge  reading  versus 
(negative)  time  for  a  representative  series  of  demag¬ 
netizations  in  Series  B,  all  curves  being  adjusted  to  /=0 
when  the  bridge  reading  passed  through  the  value  25. 
The  abscissae  are  therefore  equivalent  to  Q ,  with  (1=0 
at  n=  25.  Beyond  w  =  40  (off  the  graph)  all  points  lie, 
within  experimental  accuracy,  on  a  single  curve.  It 
will  be  observed  that  the  separation  of  the  curves 
increases  as  the  temperature  is  lowered  beyond  that 
corresponding  to  n  =  40  and  the  value  of  «max  dimin¬ 
ishes  with  decreasing  initial  entropy.  This  is  due  to  the 
inhomogeneous  gamma-heating  and,  to  a  lesser  extent, 
to  the  drift  heating  on  the  surface.  The  longer  that  heat 
is  supplied  under  conditions  of  poor  thermal  diffusivity 
the  greater,  of  course,  will  be  the  nonuniformity  and 
the  higher  will  be  the  temperature  to  which  the  tem¬ 
perature  gradients  persist.  For  perfectly  uniform  heat¬ 
ing  and  zero  drift  there  would  be,  of  course,  a  unique 
n—  t  curve  (solid  line  in  Fig.  6)  find  the  higher  the 
initial  entropy  the  more  nearly  will  the  experimental 
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S/R 


curve  reproduce  this  ideal  curve.18  With  this  in  mind, 
observing  the  trend  within  the  group  of  curves  at  the 
right  in  Fig.  6,  one  may  hope  to  draw  in  a  close  ap¬ 
proximation  to  the  ideal  curve  between  »  =  80  and  n  =  40 
as  a  limit  towards  which  the  group  is  tending.  By  such 
a  procedure  it  was  possible  to  obtain  a  continuous 
(“master”)  Q—T*  curve  between  «=80  (r*  =  0.05°) 
and  n—  25,  which  should  be  viewed  with  reserve  only 
at  the  very  lowest  points.  (Referring  again  to  Table  I, 
it  may  be  seen  that  the  curves  superimpose  to  within 
2%  down  to  w  =  80,  the  maximum  spread  occurring  in 
the  region  of  n—10.) 

The  Q—S  curve  is  shown  in  Fig.  7  and  the  low 
temperature  portion  of  this  on  a  larger  scale  in  Fig.  8. 
Referring  to  the  latter  it  will  be  seen  that  the  master  Q 
curve  is  evidently  valid  over  its  whole  extent  since  the 
Q—S  points  derived  from  it  are  in  excellent  agreement 
with  the  individual  total  Q  points  obtained  by  demag¬ 
netizing  into  the  region  over  which  the  master  Q  curve 

18  Very  roughly,  one  may  describe  the  effect  of  nonuniform  heat¬ 
ing  by  considering  the  crystal  as  being  made  up  of  a  large  number 
of  segments  which  are  receiving  energy  at  different  rates.  Each 
will  have  a  n—t  curve  similar  to  the  ideal  curve  of  Fig.  6  but 
scaled  down  vertically  proportional  to  volume  and  appropriately 
stretched  or  contracted  along  the  t  axis  but  all  with  a  common  to 
where  the  enhanced  thermal  diffusivity  eliminates  temperature 
gradients  and  results  in  a  uniform,  average  heating  rate.  The  fact 
that  the  several  curves  in  Fig.  6  have  their  maxima  (indicated  by 
arrows)  at  very  much  the  same  value  of  t  (i.e.,  Q)  suggests  that 
there  is  a  dominant  component  in  this  segmentation  analysis  i.e., 
that  the  heating  is  essentially  uniform  over  a  large  fraction  of  the 
crystal. 


extends  rather  than  demagnetizing  to  much  lower  tem¬ 
peratures  and  returning  by  prolonged  gamma-heating. 
(For  Series  A,  our  reference  temperature  of  r*  =  0.1° 
proved  subsequently  to  be  too  low  for  use  to  be  made  of 
this  method  of  interpolation.)  In  Fig.  4  we  have  in¬ 
cluded  points  derived  from  the  master  Q  curve  to 
demonstrate  their  consistency  with  the  straightforward 
C*  determinations;  the  C*  curve  evidently  becomes 
inaccurate  below  S/R  —  0.66  (see  Fig.  8)  so  that  the  C* 
points  cannot  be  trusted  below  this  entropy,  which 
corresponds  to  T*  =  0.056°  or  the  minimum  in  C*. 

Figures  7  and  8  also  show  the  data  obtained  in  Series 
A  and  the  final  smoothed  curve  of  Gardner  and  Kurti. 
To  obtain  these  graphs  we  have  arbitrarily  lowered 
the  latter  [an  absolute  value  for  Q  could  only  be  given 
if  the  measurements  could  be  extended  down  to  ab¬ 
solute  zero]  to  coincide  with  our  curve  at  the  highest 
entropy  listed  in  the  relevant  table  published  by 
Gardner  and  Kurti.  The  latter  authors  only  carried  out 
total  Q  measurements  for  6'/R<0.4  and  made  use  of 
integrated  C*  data  down  to  S/R  =  0.6  (see  Fig.  4, 
reference  3).  Our  experience  with  a  single  crystal  sug¬ 
gests  that  straightforward  C*  determinations  should 
not  be  trusted  below  r*=0.1°  (S/R= 0.8)  for  a  com¬ 
pressed-powder  specimen  unless  the  heating  is  excep¬ 
tionally  uniform.  In  addition,  the  results  of  Series  A 
and  those  of  Gardner  and  Kurti  deviate  from  Series  B 
in  the  same  direction,  and  there  is  good  reason  to  believe 
that  Series  A  was  invalidated  by  nonuniform  gamma- 
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Fig.  8.  Q-S  curve  for  low- 
temperature  region  (see  Fig.  7). 

- ,  series  Series  B:  O,  A, 

□  ,  total-Q  points;  X  from 
integration  of  C*  curve;  + 
from  master-Q  (see  text);  A,  V, 
Series  A,  total  Q  and  integrated 
C*,  respectively. 

Gardner  and  Kurti. 


ray  heating.19  The  maximum  separation,  A Q/R,  be¬ 
tween  our  two  sets  of  data  was  2.2 X10-3  in  the  region 
of  S/R— 0.8,  or  2%  of  the  total  A  Q/R  between  this 
point  and  the  upper  limit  of  measurement. 

(5)  Absolute  Temperatures;  the  S—T  Relation 

The  slope  of  the  Q—S  curve  gives  the  value  of  T  at 
that  particular  point,  and  the  final  5—  T  curve  for  the 
results  of  Series  B  is  shown  in  Fig.  9,  together  with  the 
smoothed  data  of  Gardner  and  Kurti.  The  theoretical 
Hebb-Purcell  curve  has  also  been  drawn  in.  The  steep 
drops  in  entropy  associated  with  the  Stark-splitting  and 
magnetic  interaction  (specific  heat  anomalies)  are  well 
separated  for  the  current  measurements.  The  slope 
becomes  extremely  steep  for  the  Neel-point  anomaly, 
T  remaining  essentially  constant  over  a  large  entropy 
interval  (0.35<5'/i?<0.55).  Similar  behavior  was  ob- 


19  Nonuniformity  effects  showed  up  as  pronounced  curvature  in 
the  initial  part  of  the  drift  curves.  These  could  be  exaggerated  by 
deliberately  displacing  the  gamma-ray  assembly  small  distances 
in  a  vertical  direction. 


served  by  Daniels  and  Kurti  in  the  case  of  potassium 
chromic  alum.17 

The  Neel  point  is  usually  defined  as  the  temperature 
below  which  hysteresis  and  remanence  may  be  ob¬ 
served.  The  entropy  at  such  a  point  has  been  found  to 
be  variously,  .S/R=0.50,3  0.53, 4  and  0.54. 6  For  S/R 
=  0.50  Gardner  and  Kurti  find  T'c  =  0.020oK.  For 
6'/R  =  0.53,  we  find  T'C=0.016°K.  In  Table  II  we  list 
corresponding  values  of  T*,  C*/R,  Q/R,  T,  and  Ttheor 
(the  last-mentioned  computed  from  the  entropy  and 
the  Hebb-Purcell  S—  T  relation*)  at  selected  intervals 
of  S/R  for  Series  B,  together  with  the  absolute  tempera¬ 
tures  derived  by  Gardner  and  Kurti  for  the  purpose  of 
comparison.  Hi/Ti  values  are  not  given  since  S/R  is 
not  a  unique  function  of  this  quantity,  there  being  a 
significant  entropy  correction  due  to  the  effect  of  the 
crystalline  field  even  at  7\«1.1°K.  (Table  I  in  ref- 


*  Note  added  in  proof. — We  are  indebted  to  Dr.  Horst  Meyer  for 
drawing  our  attention  to  an  error  in  the  formula  for  the  “omega 
function”  quoted  in  reference  13.  The  correction  when  carried 
through,  however,  merely  alters  the  very  lowest  values  of  Ftheor 
in  Table  II,  and  even  these  to  a  negligible  extent — about  0.001°. 
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Fig.  9.  Entropy  vs  absolute 
temperature.  The  points  are 
derived  from  differentiating 
Q-S  (Fig.  7),  taking  incre¬ 
ments  at  small  intervals,  and 
the  solid  line  is  a  smooth 
curve  through  them.  The 
broken  line  is  the  Hebb-Purcell 
curve  for  8/k  =  0.267 °K  and 
the  crosses  are  the  results  of 
Gardner  and  Kurti. 


0  0.2  0.4  0.6  0.8 
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erence  (4)  provides  this  information  for  the  condition 
7\=1.15°K.) 

V.  DISCUSSION 

The  experimental  data  in  Fig.  9  lie  very  close  to  the 
theoretical  (Hebb-Purcell)  S—  T  curve  for  all  values  of 
T  above  0.08°K.  In  this  region  the  maximum  deviation 
is  4%  (at  0.26°K)  and  since  this  falls  within  the  esti¬ 
mated  experimental  error  (see  the  following)  it  would 
be  quite  permissible  to  accept  that  curve  as  an  analytical 
representation  of  the  data.  We  have,  however,  drawn  in 
the  best  curve  through  the  experimental  points  and 
used  this  to  supply  the  data  of  Table  II.  j 

f  Note  added  in  proof. — It  will  be  noticed  that,  for  all  tempera¬ 
tures  above  0.04°K,  T  differs  from  T*  by  about  0.018°,  which 
immediately  brings  to  mind  the  possibility  of  Curie-Weiss  be¬ 
havior,  x  =  c(T—  A)-1  with  A  =  0.018°.  It  would  then  be  necessary, 
however,  to  derive  a  new  calibration  formula  consistent  with  this 
(which  can  be  done)  and  as  a  result  a  quite  different  value  for  x 
is  derived  for  a  given  bridge  reading.  Thus,  the  constant  value  of 
T*—T  evident  in  Table  II  is  seen  to  be  accidental,  and  not  truly 
evidence  of  Curie-Weiss  behavior.  One  would  expect  T*—  T  to 
approach  zero  as  T*  increases  above  0.1°;  although  our  data  do 
not  show  this,  our  estimated  error  in  T  of  5%  could  readily  account 
for  this  defect. 


The  existence  of  curvature  in  a  plot  of  susceptibility 
versus  time  at  the  beginning  of  a  drift  period  has  been 
cited  above  as  an  indication  of  inhomogeneous  heating 
and  poor  thermal  diffusivity.  Such  effects  were  ob¬ 
served  up  to  as  high  as  r*  =  0.13°,  but  they  were  not 
serious  enough,  evidently,  to  significantly  affect  the 
results  beyond  T*«0.06°,  as  has  been  discussed  al¬ 
ready  in  Sec.  IV  (4). 

Assuming  that  the  quantum-mechanical  calculation 
of  the  entropy  is  valid,20  errors  will  only  enter  through 
uncertainties  in  the  values  of  Hi  and  7\.  Random  errors 

20  Direct  experimental  evidence  for  this  comes  from  measure¬ 
ments  of  magnetic  moment  as  a  function  of  H  and  T  (W.  E. 
Henry,  Phys.  Rev.  88,  559  (1952)).  The  small  correction  due  to 
the  crystalline-field  splitting  can  be  adequately  estimated  and  the 
resultant  value  of  b,  the  1  /T2  term  in  the  zero-field  S—T  curve, 
has  been  verified  by  “relaxation”  measurements  [A.  H.  Cooke 
(private  communication)].  At  1°K  the  contribution  to  the  en¬ 
tropy  from  the  lattice  is  negligible  [D.  G.  Kapadnis,  Physica  22, 
159  (1956)].  The  true  value  of  8/k  is  probably  0.255°K  rather  than 
0.267 °K, 11  demanding  the  postulation  of  another  small  inter¬ 
action  besides  dipole-dipole  coupling — but  this  does  not  affect 
the  argument  here.  Finally,  the  values  of  the  1  /T2  term  obtained 
by  different  workers  agree  within  3%,  though  7\  varies  from  0.9° 
to  1.2°K. 
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Table  II.  Corresponding  values  of  entropy,  heat  content,  pseudo- specific  heat,  magnetic  temperature  and  absolute  temperature 
(smoothed  values).  The  T gk  values  (Gardner  and  Kurti  data)  and  Ttheor  (after  Hebb  and  Purcell)  are  those  corresponding  to  the  given 
entropies  only. 


S/R 

103  xQ/R 

C*/R 

j '* 

T 

T  OK 

T theor 

S/R 

10  iXQ/R 

C*/R 

T* 

T 

Tgk 

T theor 

1.35 

86.75 

0.068 

0.501 

0.480 

0.496 

0.80 

-4.80 

0.384 

0.0935 

0.0752 

0.065 

0.0720 

1.325 

76.40 

0.113 

0.383 

0.365 

0.396 

0.377 

0.75 

-8.30 

0.301 

0.0832 

0.0656 

0.048 

0.0600 

1.30 

68.10 

0.157 

0.320 

0.305 

0.326 

0.314 

0.70 

-11.30 

0.177 

0.0705 

0.0540 

0.039 

1.25 

54.90 

0.232 

0.251 

0.234 

0.254 

0.242 

0.675 

-12.55 

0.104 

0.0613 

0.0415 

1.20 

44.20 

0.303 

0.211 

0.194 

0.210 

0.200 

0.65 

-13.35 

0.0525 

0.0240 

0.032 

1.15 

35.20 

0.371 

0.184 

0.167 

0.180 

0.172 

0.625 

-13.85 

0.0180 

1.10 

27.45 

0.420 

0.164 

0.147 

0.157 

0.150 

0.60 

- 14.30 

0.0172 

0.028 

1.05 

20.60 

0.456 

0.148 

0.131 

0.137 

0.132 

0.55 

-15.15 

0.0164 

0.023 

1.00 

14.30 

0.478 

0.135 

0.118 

0.122 

0.119 

0.50 

- 16.00 

0.0162 

0.020 

0.95 

8.55 

0.482 

0.123 

0.106 

0.109 

0.106 

0.45 

-16.80 

0.0160 

0.018 

0.90 

3.65 

0.470 

0.113 

0.0950 

0.096 

0.0940 

0.40 

-17.60 

0.0160 

0.016 

0.85 

-0.80 

0.437 

0.103 

0.0850 

0.077 

0.0825 

0.35 

-18.35 

0.0156 

0.013 

will  show  up  as 

scatter 

in  the  S—T* 

curve, 

and  the 

for  T 

diminishes  due 

to  errors  in 

deriving  dQ/dS. 

assignment  of  a  figure  of  1%,  as  evidenced  in  Fig.  2,  These  would  have  to  arise  mostly  through  errors  in  the 


should  be  safely  conservative.  Systematic  errors  in  Hi  S—T*  curve,  since  the  Q—T*  curve  can  be  made  con- 
and  Ti  (possibly  0.5%  in  Hi/Ti)  could  contribute  an  tinuous  through  the  device  of  the  master-@  determina- 


uncertainty  of  the  same  order  of  magnitude  in  the 
“high”  temperature  region,  where  the  entropy  is  a 
function  of  ( Hi/Ti)2 .  The  mean  scatter  in  the  di/dT* 
data  is  ±2%.  In  calibrating  the  gamma-ray  heater, 
however,  where  we  have  to  consider  the  joint  effect  of 
an  error  in  b  (used  to  derive  the  theoretical  C*)  and  the 
scatter  in  the  dt/dT*  data,  we  may  effectively  discount 
the  effect  on  the  value  derived  for  b  of  random  errors  in 


tion,  the  validity  of  which  is  confirmed  by  its  exact 
agreement  with  individual  C*  determinations.  Even  so, 
the  physical  restriction  on  the  manner  in  which  one 
may  drawn  a  curve  through  the  experimental  points 
—dtQ/dS1  always  positive — assists  one  in  making  a 
valid  smoothing  of  the  experimental  irregularities. 

The  most  notable  differences  between  the  present 
results  and  those  of  Gardner  and  Kurti  occur  in  the 


the  entropy  since  the  Hebb-Purcell  curve  is  assuredly 
a  valid  smoothing  function  in  this  “high”  temperature 
region.  Hence,  the  probable  error  inQ  is  ±1±2  =  ±3%, 
and  that  in  C*  is  therefore  ±5%.  The  probable  error  in 
T=dQ/dS,  from  combining  Q  and  S,  will  be  somewhat 
less  than  the  sum  of  the  respective  errors  in  the  latter 
quantities  since  systematic  errors  in  Hi  and  Ti  affect 
both  5  (directly)  and  Q  (via  b  and  Q).  This  contribu¬ 
tion  is  therefore  zero  at  the  highest  temperatures  and 
tends  towards  its  above-estimated  value  of  1%  at  the 
lowest  temperature,  where  the  effect  on  S  of  an  error 
in  Hi/Ti  is  much  smaller. 

The  total  estimated  error  in  deriving  T  from  the 
entropy  and  specific  heat  data  therefore  amounts  to 
±5%  for  the  high  temperature  region,  increasing  to¬ 
wards  6%  for  lower  temperatures,  if  it  be  assumed  that 
the  errors  incurred  in  differentiating  S—T*  (or  inte¬ 
grating  C*—T *)  are  rendered  negligible  by  the  process 
of  smoothing.  The  latter  assumption  was  strengthened 
by  processing  the  data  both  ways  and  also  reversing  the 
individual  procedures  to  back-check. 

For  the  lowest  temperatures,  where  the  total  —  Q 
method  was  employed,  the  total  probable  error  in  T  is 
about  the  same  as  that  estimated  for  the  C*  region 
(above).  The  probable  error  in  Q/R  is  made  up  of  1% 
for  incorrect  drift  estimation  and  3%  for  the  heater 
calibration,  yielding  a  resultant  ±4%.  The  error  in 
S/R  being  2%,  the  derived  values  of  T  should  be  valid 
to  ±6%. 

In  the  region  of  S/R= 0.67,  where  the  curvature  of 
Q—S  has  a  maximum,  it  is  possible  that  the  accuracy 


range  below  0.09°K,  our  T  values  being  the  higher 
for  0.67  <S/R <0.90  and  the  lower  elsewhere.  In  the 
upper  portion  of  this  region  Gardner  and  Kurti  relied 
exclusively  on  the  C*  method  which  is  open  to  serious 
objection,  and  in  consequence  their  precision  was  un¬ 
doubtedly  diminished.  At  the  very  lowest  temperatures, 
where  we  have  used  only  the  total  Q  method  and  Gard¬ 
ner  and  Kurti  the  same  but  supplemented  by  some 
measurements  of  dQ/d.1, ,  where  2  is  the  remanence,  the 
agreement  is  quite  satisfactory.  It  is  significant  that 
the  divergence  is  greatest  (see  Fig.  9)  in  the  region  of 
link-up  between  the  two  calorimetric  procedures. 

It  is,  of  course,  unremarkable  that  two  different  Q—S 
curves  should  agree  fairly  well  (Fig.  7)  and  yet  their 
slopes  at  a  particular  value  of  S  be  quite  widely  different. 
The  necessary  condition  is  that  the  divergence  be  non- 
systematic.  Hence  it  is  possible,  by  making  accurate 
measurements  at  the  ends  of  the  curve  and  inaccurate 
ones  in  the  middle,  to  arrive  at  a  large  error  in  slope  in 
the  transition  region.  It  may  be  seen  from  Fig.  8  that 
our  Q—S  curve  would  not  be  altered  by  ignoring  all 
points  save  those  involving  a  measurement  of  total  Q. 
A  reliable  estimate  for  the  slope-error  should  hence  be 
obtainable  from  the  sum  of  the  errors  in  Q  and  5.  We 
submit  that  the  errors  in  the  work  of  Gardner  and 
Kurti  are  probably  considerably  greater  in  the  inter¬ 
mediate  region  due  to  the  change-over  there  in  the 
method  of  measurement  with  no  region  of  overlap  for  a 
check. 

A  comment  is  in  order  on  the  fundamental  reliability 
of  measurements  employing  gamma-irradiation  for 
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heating.  The  method  has  been  criticized  in  the  past,  on 
the  grounds  of  a  possibility  of  a  delay  in  communication 
of  the  energy  to  the  spin-system,  so  that  the  effective 
heating-rate  would  not  be  temperature-independent.21 
This  has  been  examined  in  some  detail  by  Platzmann22 
and  a  defense  of  the  method  given  in  reply  by  Kurti 
and  Simon.23  Our  conclusions  are  in  agreement  with  the 
latter.  In  all  our  measurements  we  employed  a  250 
millicurie  Co60  source ;  Gardner  and  Kurti  used  a 
60-Mc  radioactive  silver  source  for  total  Q  and  500  mC 
of  radium  for  C*.  Despite  the  wide  variation  in  gamma- 
ray  energies  and  in  specific  absorption,  the  results 
agree  quite  well — especially  the  overall  Q— S  relation, 
if  not  the  more  exacting  dQ/dS.  As  stated  earlier,  above 
r*  =  0.08°  [0.063°K]  the  Q  value  at  any  point  was  not 


21  De  Klerk,  Steenland,  and  Gorter,  Nature  (London)  161, 
678  (1948).  The  thesis  was  evolved  to  account  for  wide  divergence 
between  results  obtained  in  Oxford  and,  by  a  different  method  of 
heating,  in  Leiden.  New  measurements  by  Beun,  Miedema,  and 
Steenland  [Physica  23,  1  (1957)3  indicate,  however,  that  the 
early  Leiden  measurements  were  in  error  and  that  the  above 
criticism  need  be  supported  no  longer. 

22  R.  L.  Platzmann,  Phil.  Mag.  (7)  44,  497  (1953). 

23  N.  Kurti  and  F.  E.  Simon,  Phil.  Mag.  (7)  44,  501  (1953). 


dependent  upon  the  amount  of  prior  heating  required 
to  reach  that  particular  entropy.  It  does  not  seem  neces¬ 
sary,  furthermore,  to  go  beyond  poor  thermal  diffusivity 
and  imperfect  geometry  to  explain  time-lag  effects  at 
the  very  lowest  temperatures. 

We  believe  that  Fig.  9  represents  the  entropy-tem¬ 
perature  relation  of  a  slowly  precooled  single  crystal  of 
CMA  to  the  estimated  accuracy  of  6%  down  to  0.06°K. 
The  same  degree  of  confidence  may  be  placed  in  the 
T—  T*  correlation  of  Table  II.  Below  this  temperature, 
where  the  susceptibility  begins  to  increase  rapidly  with 
decreasing  entropy,  the  significance  of  the  present 
results  may  be  notably  less,  from  a  general  thermometric 
point  of  view.  The  variation  in  value  of  Xma*  for  such 
crystals  (about  15%)  suggests  that  in  this,  the  most 
sensitive,  region  the  S—T  relation  may  well  vary 
considerably  from  sample  to  sample  so  that  a  “thermom¬ 
eter”  could  only  be  calibrated  by  the  laborious  calorim¬ 
etric  procedure.  The  data  of  Table  I  and  Fig.  6  show, 
moreover,  that  below  0.06°K  the  diminished  thermal 
diffusivity  of  the  salt  would  limit  its  value  as  a  thermom¬ 
eter,  even  if  the  surface  were  in  excellent  thermal  con¬ 
tact  with  the  particular  substance  under  investigation. 
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Installation  for  Adiabatic  Demagnetization  Experiments 
at  the  National  Bureau  of  Standards 

D.  de  Klerk1  and  R.  P.  Hudson 


A  description  is  given  of  the  National  Bureau  of  Standards  equipment  for  the  production 
and  measurement  of  very  low  temperatures  by  the  method  of  adiabatic  demagnetization. 
The  construction  of  the  cryostat  and  that  of  the  mutual-inductance  bridge  are  described  in 
detail  and  the  relative  advantages  of  iron-cored  electromagnets  and  iron-free  solenoids  are 
discussed. 


1.  Introduction 

In  recent  years,  with  the  rapid  increase  in  the 
number  of  low-temperature  laboratories  throughout 
the  world,  there  has  been  a  coincident  growth  in  the 
number  of  installations  for  the  production  and 
measurement  of  very  low  temperatures  by  the 
magnetic  method.  In  the  period  from  July  1951  to 
July  1952,  an  adiabatic  demagnetization  apparatus 
was  set  up  at  the  National  Bureau  of  Standards.  A 
detailed  description  of  this  installation  is  given.  It 
was  built  with  the  special  purpose  of  making  accurate 
determinations  of  absolute  temperatures  in  the 
region  between  1°  and  0.001°  Iv,  but  the  construction 
is  such  that  other  investigations  in  the  region  below 
1°  Iv  can  also  be  performed  with  it. 

2.  General  Description 

The  principle  of  cooling  by  adiabatic  demagnet¬ 
ization  was  enunciated  in  1926  [1]  2  and  first  applied 
successfully  7  years  later  [2].  A  detailed  description 
of  the  physical  principles  involved  would  not  be 
appropriate  here;  for  this  the  reader  is  referred  to  the 
literature  [3].  Briefly,  however,  use  is  made  of  the 
fact  that  certain  salts  retain  their  paramagnetic 
properties  down  to  temperatures  in  the  region  of 
10_2°  K  and  possess,  at  liquid-helium  temperatures, 
a  large  entropy  by  virtue  of  their  almost  free  elec¬ 
tronic  magnetic  moments.  This  entropy  may  be 
removed  for  the  greater  part  by  isothermal  magnet¬ 
ization  at  about  1°  Iv  in  readily  obtainable  fields. 
A  subsequent  adiabatic  removal  of  the  field  will 
result  in  a  fall  in  the  temperature  of  the  salt,  until 
the  small  internal  interaction  forces  in  the  crystal 
bring  about  the  same  degree  of  order  as  does  the 
strong  magnetic  field  at  1°  K.  It  is  self-evident  that 
the  final  temperature  is  the  lower,  the  stronger  is  the 
magnetic  field  and  the  lower  the  starting  tempera¬ 
ture.  In  fact,  for  most  of  the  salts  used  in  the 
adiabatic  demagnetization  process  the  entropy  re¬ 
moved  in  the  isothermal  magnetization  is  a  function 
of  HjT. 

Thus  one  needs  a  suitable  paramagnetic  salt  in  a 
cryostat  with  liquid  helium  of  as  low  a  temperature 
as  possible,  and  mounted  in  such  a  way  that  it  can 
be  magnetized  in  heat  contact  with  the  liquid 

1  Present  address:  University  of  Leiden,  Netherlands. 

2  Figures  in  brackets  indicate  the  literature  references  at  theTnd  of  this  paper. 


(iso  thermally)  and  demagnetized  under  thermal 
insulation  (adiabatically). 

The  cryostat  is  located  between  the  poles  of  an 
electromagnet  or  along  the  axis  of  a  high-power 
solenoid.  With  an  iron  magnet  one  can  obtain  fields 
of  the  order  of  20,000  oersteds,  making  use  of  the 
high  B  value  of  the  iron.  If  much  higher  fields  are 
required  (up  to  100,000  oersteds),  the  contribution 
of  iron  is  relatively  small  and  high-power  iron-free 
solenoids  are  used.  The  energy  consumption  in  the 
case  of  an  iron  magnet  is  of  the  order  of  25  kw;  the 
above-mentioned  solenoids  require  about  1,000  kw. 

In  order  to  obtain  a  low  starting  temperature  for 
the  demagnetization  process,  the  liquid  helium  is 
evaporated  under  reduced  pressure.  This  is  accom¬ 
plished  by  means  of  a  large-capacity  mechanical 
vacuum  pump  operating  through  a  large-diameter 
pumping  line.-  A  suitable  diffusion  pump  inserted 
in  the  system  may  bring  about  a  further  reduction 
in  the  vapor  pressure.  (As  mentioned  above,  the 
entropy  removal  in  the  isothermal  magnetization  is  a 
function  of  H/T,  and  it  is  a  more  economical  process 
to  achieve  a  very  low  T  rather  than  an  enormously 
high  FI). 

The  heat  contact  between  the  salt  and  the  liquid- 
helium  bath  is  made  and  broken  with  the  help  of 
exchange  gas:  The  sample  is  mounted  in  a  vacuum 
space,  and  during  the  isothermal  magnetization  the 
space  is  filled  with  helium  gas  at  a  pressure  of  10-3  to 
10-2  mm  Hg.  Thereafter  the  gas  is  pumped  off  with 
a  diffusion  pump  and  then  the  field  is  removed.  As 
the  specimen  is  now  thermally  isolated  from  the 
surrounding  liquid,  the  demagnetization  is  isentropic 
and  the  temperature  of  the  salt  falls. 

The  final  temperature,  which  is  well  below  1°  Iv, 
cannot  be  measured  by  conventional  high-tempera¬ 
ture  methods,  but  indirect  processes  must  be  applied, 
often  rather  laborious  ones  [4],  in  which  use  is  made 
of  the  magnetic  properties  of  the  salt,  such  as  the 
static  susceptibility  x,  the  real  and  imaginary  parts 
of  the  dynamic  susceptibility,  x'  and  x",  or,  in  the 
case  that  hysteresis  effects  occur,  the  residual  mag¬ 
netic  moment  2.  These  quantities,  the  so-called 
“thermometric  parameters”,  are  usually  determined 
by  an  induction  bridge  method.  Both  self-  and 
mutual-inductance  bridges  are  in  use,  and  the 
measurement  can  be  performed  ballistically  as  well 
as  with  alternating  current.  An  a-c  method  has  the 
advantage  that  many  measurements  can  be  taken  in 
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a  short  time  and  with  high  precision,  but  ballistic 
methods  become  particularly  useful  at  the  very 
lowest  temperatures  where  relaxation  and  hysteresis 
effects  appear,  since  here  an  alternating  magnetic 
held  may  cause  an  appreciable  heat  supply  to  the 
salt. 

If  an  iron-cored  magnet  is  employed,  provision 
must  be  made  for  the  separation  of  the  cryostat  and 
electromagnet  immediately  after  the  demagnetiza¬ 
tion  because  the  iron  may  have  a  considerable  influ¬ 
ence  on  the  setting  of  the  induction  bridge  for  the 
temperature  determination.  If  the  magnet  is  rela¬ 
tively  small,  it  is  possible  to  have  a  cryostat  in  a 
fixed  position  and  to  mount  the  magnet  on  wheels 
or  an  elevating  mechanism,  but  for  a  very  heavy 
magnet  this  is  impossible,  and  the  cryostat  writh  its 
pumping  lines  must  be  movable.  If  a  solenoid  mag¬ 
net  is  used,  its  influence  on  the  induction  coils  is 
much  smaller,  but  even  in  this  case  the  coupling 
between  the  measuring  coils  and  the  coaxial  wind¬ 
ings  of  the  large  solenoid  produces  undesirable  effects 
unless  special  precautions  are  adopted  in  the  con¬ 
struction  of  the  measuring  coils  [5]. 

It  is  often  desirable  to  study  the  magnetic  proper¬ 
ties  of  the  salt  as  a  function  of  a  magnetic  field,  and  if 
relatively  low  fields  (up  to  about  500  oersteds)  are 
sufficient,  it  is  advantageous,  for  the  above-men¬ 
tioned  reasons,  not  to  use  the  big  electromagnet  or 
solenoid  itself  but  to  construct  a  separate  small 
iron-free  coil  magnet.  The  influence  of  the  coupling 
of  this  magnet  with  the  measuring  coils  can  be 
decreased  drastically  by  mounting  them  mutually 
perpendicular. 

In  some  cases  even  the  earth’s  magnetic  field  has 
a  noticeable  influence  on  the  magnetic  properties  of 
the  salt,  and  then  special  earth-field  compensation 
coils  must  be  installed. 

The  components  of  the  new  NBS  demagnetization 
equipment  are  described  separately  in  the  following 
sections. 

3.  Electromagnet 

The  electromagnet  is  a  rotatable,  adjustable- 
height  model  [6].  The  pole  gap,  which  must  be  as 
small  as  possible,  was  determined  by  the  amount  of 
space  necessary  to  accommodate  a  salt  specimen  of 
about  1-in.  diameter  surrounded  by  a  vacuum  cham¬ 
ber  and  two  glass  Dewar  vessels,  the  inner  one  of 
which  contains  liquid  helium  and  the  outer  liquid 
nitrogen.  The  gap  is  2%  in.  and  the  pole  face  5%  in. 
Designed  to  be  operated  up  to  a  level  of  125  kw, 
the  magnet  is  being  used  at  present  at  25  kw,  the 
rating  of  the  available  d-c  generator.  The  loss  in 
magnetic  field  is  not  great,  however,  owing  to  the 
rapid  saturation  that  sets  in  at  about  20  kw.  At 
25  kw  the  field  is  23,000  oersteds;  at  125  kw  it  is 
26,000  oersteds.  The  magnet  was  calibrated,  using 
a  Rawson  “gaussmeter”,  checked  in  turn  in  fields 
stabilized  by  proton  resonance,  through  the  kind 
cooperation  of  Dr.  Hippie.  The  accuracy  of  this 
instrument  is  about  one-half  percent,  and  within 
this  limit  the  field  was  found  to  be  uniform  out  to 
within  l%i  in.  of  the  edge  of  the  pole  face. 


The  magnet  is  energized  by  a  four-unit  a-c-d-c 
synchronous  motor-generator  set  mounted  in  the 
basement  of  the  Bureau’s  Cryogenics  Laboratory. 
This  method  has  the  advantage  that  the  complete 
control  of  the  magnet  current,  and  the  action  of  the 
protection  devices  (against,  for  instance,  failure  of 
cooling  supply,  overload,  surge  on  current-break, 
etc.)  can  take  place  through  the  exciter  field.  The 
generator  is  started  with  a  motor-control  panel,  and 
the  current  is  adjusted  at  a  separate  exciter-control 
panel.  Both  panels  are  placed  in  the  magnet  room. 
The  current  is  measured  accurately  by  means  of  a 
millivoltmeter  and  a  series  of  50-mv  shunts. 

Several  automatic  control  circuits  have  been  devel¬ 
oped  for  the  elimination  of  slow  drifts  in  the  magnet 
current  [7],  but  in  the  present  case  manual  adjust¬ 
ment  proved  to  be  satisfactory.  A  more  serious 
source  of  trouble  may  be  the  ripple  in  the  magnet 
current,  which  has  the  commutator  frequency.  If 
the  ripple  in  the  field  is  large,  it  will  cause  relaxation 
heating  in  the  paramagnetic  salt  during  the  evacua¬ 
tion  of  the  exchange  gas,  such  that,  by  the  time  that 
the  field  is  removed,  the  starting  temperature  of  the 
demagnetization  is  much  higher  than  that  of  the 
liquid-helium  bath.  For  any  frequency  above  a  few 
hundred  cycles  per  second  the  solid  mass  of  iron  in 
the  electromagnet  becomes  ineffective,  and  the  only 
choking  effect  is  due  to  the  self-inductance  of  the 
coils,  which  is  generally  quite  small.  But,  on  the 
other  hand,  in  the  contribution  of  the  ripple  current 
to  the  magnetic  field  the  iron  is  ineffective  as  well, 
and  this  is  one  reason  why  in  most  iron  magnets  the 
influence  of  the  ripple  voltage  of  the  generator  on 
the  field  is  negligible.  Another  is,  of  course,  that 
the  windings  are  generally  quite  far  removed  from 
the  pole  gap  and  the  direct  effect  of  the  current  is 
small. 

The  ripple  voltage,  with  a  load  current  of  100  amp 
d-c,  was  2  v  at  a  frequency  of  2,400  c/s  (commutator 
ripple).  From  the  values  of  the  self-inductance  at 
r=2,400  and  r=0  and  from  the  initial  slope  of  the 
calibration  curve  of  the  magnet,  it  was  estimated 
that  this  ripple  voltage  might  cause  a  ripple  in  the 
field  of  not  over  0.04  oersted.  No  ripple  in  the  field 
could  be  detected  by  means  of  a  search  coil  connected 
to  a  cathode-ray  oscilloscope.  It  should  have  been 
possible  in  this  way  to  detect  0.1  oersted  at  this 
frequency.  (With  respect  to  the  ripple,  an  iron- 
cored  magnet  has  an  advantage  over  an  iron-free 
high -power  solenoid.  In  the  latter  the  ripple  voltage 
is  higher  because  a  higher  energy  is  used,  and  more¬ 
over  the  contribution  of  the  ripple  voltage  to  the 
field  is  larger  because  the  windings  are  much  closer 
to  the  field  space  than  in  the  case  of  a  Weiss-type 
magnet.  Usually,  special  precautions  must  be  taken 
to  filter  out  the  ripple  current  of  a  solenoid  magnet.) 

The  magnet  is  cooled  by  circulating  a  low  viscosity 
silicone  oil  through  the  coils  and  through  a  heat 
exchanger,  the  heat  being  carried  off  by  means  of 
tap  water.  The  heat  exchanger  and  the  circulation 
pump  are  mounted  in  the  basement  just  below  the 
magnet,  but  the  circulation  can  be  started  and 
stopped  from  the  magnet  room. 
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4.  Movable  Cryostat  and  Vacuum 
Installations 

The  cryostat,  consisting  essentially  of  two  coaxial 
Pyrex  Dewar  vessels,  is  mounted  on  the  far  end  of  a 
rotating  wooden  framework  that  pivots,  by  means 
of  steel  collars,  on  a  vertical  steel  pillar.  This 
framework  carries  the  entire  high-vacuum  system 
and  a  3-in.  copper  pumping  line,  which  enters  the 
side  of  a  brass  cryostat  cap.  The  whole  installation 
is  shown  in  figure  1,  and  a  vertical  cross  section  of 
the  cryostat  is  given  in  figure  2. 

The  inner  Dewar  vessel  (liquid  helium)  is  fitted 
with  its  upper  end  in  a  brass  ring  held  in  place  by 
sealing  wax.  The  ring  fits  smoothly  into  the  cryostat 
cap  on  the  wooden  arm  and  thus  alines  the  Dewar 
vertically.  A  wired-on  rubber  sleeve  provides  vacuum 
tightness  and  helps  support  the  weight  of  the  cryostat. 
The  outer  vessel  (liquid  nitrogen)  fits  around  the 
liquid-helium  Dewar;  it  also  is  provided  with  a  brass 
ring,  which  fits  into  a  brass  cap  waxed  to  the  outer 


Figure  1.  General 


view  of  the  adiabatic  demagnetization 
installation. 


The  Dewar-vessel  assembly  is  suspended  from  the  far  end  of  the  rotating  arm, 
which  carries  the  high-vacuum  equipment.  The  electromagnet  is  in  the  back¬ 
ground. 


wall  of  the  helium  Dewar.  This  ring  is  also  a  close 
fit  in  its  cap,  and  with  a  rubber  sleeve  over  this 
joint,  too,  the  weight  may  be  supported;  for  extra 
safety,  however,  a  simple  harness  of  string  is  pro¬ 
vided. 

The  helium  Dewar  becomes  single-walled  about 
20  cm  from  its  upper  end  and  about  10  cm  below  the 
nitrogen  cap.  If  the  nitrogen  Dewar  is  kept  well- 
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Figure  2.  Cryostat. 

The  paramagnetic  specimen  is  mounted  within  the  vacuum  case,  on  which  is 
wound  the  secondary  of  the  pickup  mutual  inductance.  The  primary  of  the 
latter  is  shown  on  the  outside  of  the  tail  of  the  inner  (liquid  helium)  Dewar  vessel. 
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filled,  the  rim  of  the  helium  vessel  is  at  liquid-nitrogen 
temperature,  and  the  heat  leak  to  the  liquid  helium 
is  smaller  than  if  the  rim  were  at  room  temperature. 
Hence  the  evaporation  is  less  and  experiments  can 
be  carried  out  for  a  longer  time. 

The  two  Dewar  vessels  are  made  with  a  narrow 
lower  portion  (the  "tail”)  so  that,  although  con¬ 
taining  a  large  quantity  of  refrigerant,  they  may  fit 
into  a  relatively  small  pole  gap  in  the  magnet.  The 
tail  of  the  liquid-helium  Dewar  is  33  cm  long  and 
3.2-cm  inside  diameter;  it  then  widens  to  7-cm  inside 
diameter  for  43  cm  up  to  the  ring  seal;  the  single- 
walled  section  (20  cm  long)  is  8-cm  inside  diameter. 
The  tail  of  the  nitrogen  vessel  is  5.45-cm  outside 
diameter,  the  tolerance  between  a  pole  face  and  the 
glass  being  only  0.5  mm.  The  wide  part  is  58  cm 
long;  the  outside  diameter  is  11.5  cm. 

The  nitrogen  Dewar  cap  is  provided  with  monel 
tubes  for  the  admission  of  liquid  nitrogen  and  escape 
of  vapor.  Five  monel  tubes  pass  through  the  helium 
Dewar  cap.  One  accommodates  the  transfer  syphon 
and  may  be  sealed  off  after  transfer  by  a  plug  and  a 
rubber  sleeve;  glass  tubes  pass  through  each  of  two 
others  (sealed  in  by  black  wax)  for  connection  be¬ 
tween  the  experimental  apparatus  and  the  high- 
vacuum  system;  the  remaining  two,  which  are  much 
narrower,  provide  the  connection  to  the  manometer 
system  and  an  inlet  for  the  leads  to  the  coils  of  the 
mutual-induction  bridge. 

The  rough-vacuum  pump  (capacity  50  liters/sec) 
is  located  in  the  basement  beneath  the  cryomagnetic 
laboratory.  It  is  mounted  on  vibration  eliminators, 
because  even  the  energy  of  small  vibrations  of  the 
cryostat  is  sufficient  to  develop  an  appreciable 
amount  of  heat  in  a  demagnetized  sample  [8].  A 
vertical  5-in.  copper  line  passes  from  a  short  length 
of  flexible  steel  tubing  at  the  inlet  to  the  pump  to 
the  room  above. and  is  surmounted  by  a  3-in.  globe 
valve;  the  latter  connects  through  an  S-shaped  3-in. 
inside  diameter  reinforced  flexible  rubber  hose  to  the 
3-in.  copper  line,  which  is  mounted  on  the  moving 
arm.  The  arm  is  then  free  to  rotate  about  its  sup¬ 
porting  pillar  without  interruption  of  pumping  the 
bath,  and  the  vibrations  of  the  pump  are  not  trans¬ 
mitted  to  the  cryostat.  As  a  final  step  in  the  suppres¬ 
sion  of  vibrations.,  a  large  sandbox  was  built  around 
the  5-m.  line  and  valve  in  the  upper  room.  The 
cryostat  can  be  conveniently  swung  out  of  the  mag¬ 
net  and  into  the  framework  supporting  the  earth’s 
field  compensation  coils,  which  may  then  be  raised 
into  position  (see  section  6). 

The  temperature  of  the  liqiud  helium  in  the  cryo¬ 
stat  is  derived  in  the  conventional  way  from  its 
vapor  pressure.  A  system  of  three  manometers 
was  constructed:  First,  a  mercury  manometer;  a  mil¬ 
limeter  scale  engraved  on  a  glass  mirror  was  mounted 
directly  behind  the  tubes  of  the  manometer  and 
permitted  readings  of  pressures  in  the  region  between 
1  atm  and  5  cm  with  sufficient  precision  without  the 
use  of  a  cathetometer.  For  the  region  between  5 


and  0.5  cm  of  mercury,  a  similar  oil  manometer  was 
constructed.  Lower  pressures  are  read  with  the 
help  of  a  small  McLeod  gage  with  a  wide  capillary. 
It  is  sensitive  in  the  region  between  1  and  0.01  mm 
of  mercury.  The  wffiole  manometer  assembly  is 
shown  in  figure  3. 

The  high- vacuum  system  as  a  wffiole  is  mounted 
on  the  rotating  arm  and  follows  the  movements  of 
the  cryostat.  It  consists  of  an  oil-diffusion  pump 
(capacity  20  liters  /sec),  a  spherical  Pyrex  liquid-air 
trap,  and  a  valve  system.  A  side  tube  permits  the 
admission  of  exchange  gas  to  the  experimental  cham¬ 
ber  directly  from  the  cryostat  (see  fig.  2).  Pressures 
in  the  region  between  1  and  10-3  mm  of  Hg  are  meas¬ 
ured  by  means  of  a  Pirani-gage,  and  lower  pressures 
(down  to  10~5  mm)  are  read  with  an  ion  gage. 

When  the  cryostat  is  between  the  electromagnet 
poles  or  in  the  earth’s  field  compensator,  it  is  rigidly 
held  in  position  by  means  of  locking  clamps  on  the 
beam,  which  are  provided  with  a  screw  for  accurate 
adjustment  (fig.  4). 


Figure  3.  Manometer  system. 


Mounted  on  the  framework,  from  left  to  right,  are  (1)  over-pressure  release 
“bubbler,”  (2)  mercury  manometer,  (3)  differential  oil  manometer,  (4)  oil  manom¬ 
eter,  and  (5)  McLeod  gage. 
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Figure  4.  Clamping  device  for  locking  in  position  the  rotating 

arm. 


Two  are  used,  one  above  the  electromagnet  and  one  above  the  earth’s-field 
compensation  coils. 


5.  Experimental  Chamber 

For  adiabatic  demagnetization  experiments,  in 
which  only  the  temperature  and  magnetic  properties 
of  the  salt  itself  are  investigated,  the  apparatus  is 
extremely  simple.  It  comprises  a  paramagnetic  salt 
specimen  mounted  within  a  vacuum  case  and  ther¬ 
mally  isolated  from  the  walls  as  efficiently  as  possible. 
This  may  be  achieved  by  suspending  the  specimen 
from  fine  nylon  fibers  or  mounting  it  in  an  “egg- 
cup”  fixed  to  the  lower  end  of  the  vacuum  case  by 
a  thermally  insulating  pedestal.  The  vacuum  case 
may  be  made  either  of  metal  or  of  glass.  Glass 
apparatus  is  always  preferable  to  metal  because  the 
latter  can  cause  undesirable  electromagnetic  effects 
in  the  measuring  equipment  through  the  agency  of 
eddy  currents  and,  on  occasion,  ferromagnetic  im¬ 
purity.  A  metal  apparatus  is  more  convenient, 
however,  for  repeated  assembly  and  dismantling. 
In  this  case  the  tubing  should  be  very  thin-walled, 
and  of  high  electric  resistivity  nonmagnetic  material. 
Finally,  the  “cleanup”  of  exchange  gas  on  pumping 
is  markedly  more  rapid  when  glass  is  used  rather 
than  metal. 

In  this  apparatus  the  vacuum  case  is  made  of 
glass.  Soft  glass  is  used  to  avoid  the  possibility 
of  heating  (and  so  seriously  damaging)  the  salt 
during  assembly.  (Some  paramagnetic  salts  lose 
their  water  of  crystallization  even  at  25°  C.) 
The  Pyrex  of  the  high-vacuum  system  is  joined  to 
the  soft-glass  tubing  emerging  from  the  cryostat  cap 
by  means  of  a  tapered  joint  (see  fig.  2).  If  the 
egg-cup  type  of  specimen  support  is  used,  the  ped¬ 
estal  may  be  of  thin-walled  glass  tubing  with  an 
extra-thin  midsection. 

The  pumping  tube  emerging  from  the  vacuum 
case  is  bent  as  shown  in  figure  2  to  provide  radiation 
traps.  .With  the  sample  mounted  inside  the  vacuum 
case  the  whole  apparatus  is  silvered  externally  to  a 
point  above  the  traps,  and  a  protecting  coating 
of  suitable  varnish  is  applied.  The  radiation¬ 
screening  precautions  are  of  paramount  importance 
in  minimizing  the  heat  influx  into  the  specimen 
after  demagnetization.  The  glass  tube  above  the 
silvering  is  coated  with  aquadag  over  its  whole 


length  so  that  only  a  very  small  cone  of  room- 
temperature  radiation  can  penetrate  into  the  first 
trap.  The  secondary  coil  of  the  mutual  inductance 
(see  below)  is  wound  on  to  the  tube  around  the 
specimen  and  covered  with  a  wrapping  of  very  thin 
paper.  Care  must  be  taken  to  avoid  electrical 
leaks  from  the  lead  wires  to  the  aquadag  layer. 

The  paramagnetic  salt  may  be  in  the  form  of 
powder  or  a  single  crystal.  In  order  to  be  able  to 
calculate  the  internal  field  of  the  specimen,  it  should 
be  spherical  or  ellipsoidal.  Not  only  is  heating 
dangerous  for  the  salt,  but  also  pumping  may  cause 
loss  of  water  of  crystallization,  especially  if  the 
sample  is  in  powdered  form.  The  experimental 
chamber  must  never  be  evacuated  at  room  tempera¬ 
ture;  evacuation  is  safe,  however,  at  temperatures 
well  below  0°  C.  A  single-crystal  specimen  may 
be  protected  by  a  coating  of  varnish,  collodion,  etc. 

6.  Earth's  Field  Compensation  and 
Auxiliary  Field  Coils 

The  necessary  apparatus,  which  is  strictly  free 
of  iron  or  other  magnetic  material,  was  built-  into 
one  unit  and  is  mounted  in  a  brass-tubing  frame¬ 
work.  By  means  of  counterweights  and  supporting 
cables  over  pulleys,  the  unit,  weighing  some  180-lb, 
can  be  conveniently  raised  and  lowered  to  permit 
movement  of  the  cryostat  (see  above)  into  and  out 
of  the  field. 

The  earth’s  field  compensation  is  effected  by  means 
of  three  pairs  of  mutually  perpendicular  square 
coils,  the  units  of  each  pair  being  separated  a  distance 
of  0.55  times  the  side  of  the  square,  which  is  a 
“pseudo-Helmliolt-z”  condition  for  maximum  uni¬ 
formity  of  field  at  the  center  of  the  unit.  The 
windings  are  set  in  peripheral  slots  cut  in  wooden 
frames,  and  the  current  in  each  of  the  three  pairs 
of  coils  (which  are  fed  from  a  common  accumulator 
source)  is  controlled  through  a  rheostat  and  read  on  a 
small  d-c  milliammeter.  The  wooden  frames  are 
secured  together  at  their  points  of  contact  by  small 
brass  right-angle  brackets  and  wood  screws.  A 
flip-coil  and  ballistic  galvanometer  circuit  is  used  as  a 
detector  of  magnetic  field,  and  the  currents  are 
adjusted  to  reduce  to  zero  each  of  the  three  com¬ 
ponents  of  the  field  at  the  center. 

The  500-oersted  coils  are  wound  on  cylindrical 
wooden  cores  between  end-plates  of  Bakelite.  They 
are  made  in  two  sizes,  the  smaller  pair  just  far 
enough  apart  to  accommodate  the  tail  of  the  cryostat 
and  the  larger  pair  approaching  close  to  the  walls 
of  the  cryostat  where  it  widens.  The  end-plates 
of  the  larger  pair  are  square  and  %-in.  threaded 
brass  rods  pass  through  holes  at  the  corners.  These 
rods  are  fitted  with  pulleys  at  each  end,  and  these 
guide  the  assembly  along  the  vertical  members  of 
the  supporting  framework.  The  smaller  coils  are 
bolted  to  the  large  ones,  and  the  end-plates  of  each 
coil  are  held  by  bolts  passing  through  the  cores. 
These  bolts  must  be  sufficiently  strong  to  withstand 
the  large  strains  set  up  during  the  winding.  In 
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each  pair  the  coils  are  separated  by  a  distance  equal 
to  the  mean  radius  of  the  windings  to  obtain  a 
reasonably  uniform  field  at  the  center.  The  assem¬ 
bly  is  shown  in  figure  5. 

The  constructional  details  are  as  follows:  Large 
coils:  Each  winding  is  1,080  turns  of  No.  14%  gage 
Formex  wire,  resistance  10.8  ohms;  calculated  fields 
for  the  two  coils  in  parallel,  23.15  oersteds/amp; 
calculated  initial  rate  of  rise  of  temperature,  4.2 
deg/min  at  6  amp.  Small  coils:  Each  winding  is 
588  turns  of  No.  16  gage  Formex  wire,  resistance 
4.7  ohms;  calculated  field  for  the  two  coils  in  parallel, 
24.75  oersted/amp;  calculated  initial  rate  of  rise 
of  temperature  8.4  deg/min  at  6  amp. 

The  coils  are  connected  in  a  symmetrical  series- 
parallel  manner  and  fed  from  a  battery  d-c  supply, 
giving  52.5  oersteds/amp.  In  general,  two  sources 
of  10  v  and  100  v,  respectively,  are  used,  which  may 
be  selected  by  means  of  a  double-pole  double-throw 
switch.  For  fast  measurements  it  is  convenient  to 
be  able  to  vary  the  field  in  predetermined  steps,  and 
for  this  a  panel  was  constructed  to  carry  a  network 


of  ohmite  resistors.  A  rotary  selector  switch 
mounted  on  the  front  of  the  panel  permits  the 
cutting  in  or  out  of  the  resistors  in  succession,  and  a 
second  rotary  selector  switch  permits  one  to  select 
the  appropriate  current  range  on  one  or  other  of  two 
3-range  d-c  ammeters. 

To  reduce  contact-sparking  a  small  thyratron  is 
connected  across  the  coils  as  shown  in  figure  6,  so 
that  when  the  main  circuit  breaker  is  opened  the 
energy  stored  in  the  coils  may  be  dissipated  in  the 
circuit  now  closed  by  the  thyratron  instead  of  in  a 
spark  across  the  switch  contacts. 

The  control  panel  is  shown  in  figure  7. 
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Figure  5.  Earth’  s-field  compensation  coils  and  500-oersted 
Helmholtz-coils  unit. 

The  control  panel  for  the  synchronous  motor  of  the  25-kw  motor-generator  set 
is  In  the  background. 


Figure  7.  Auxiliary-field  control  unit. 

The  main  panel  contains  the  control  circuit  for  the  500-oersted  coils  and  the 
three  rheostats  for  adjusting  the  current  in  each  of  the  earth’s-fleld  compensation 
coil-pairs  may  be  seen  at  the  right. 


Figure  6.  Thyratron  circuit  for  reducing  arcing  at  switch 
contacts  on  deenergizing  500-oersted  coils. 


27/178 


7.  Mutual-Inductance  Bridge 


The  bridge  is  of  the  Hartshorn  type  [9]  and  is  a 
close  copy  of  the  one  used  for  the  demagnetization 
work  in  the  Kamerlingh  Onnes  Laboratory  [10].  It 
can  be  used  both  for  ballistic  and  a-c  measurements. 
As  was  already  mentioned,  the  a-c  method  is  the 
more  convenient  one:  A  higher  precision  can  be 
obtained  by  it  and  more  measurements  can  be  taken 
per  unit  time;  moreover,  at  the  lowest  temperatures, 
where  hysteresis  and  relaxation  phenomena  occur, 
the  bridge  gives  valuable  information  on  the  heat 
absorption  by  the  salt  from  the  alternating  magnetic 
field.  On  the  other  hand,  this  heat  may  give  rise  to  a 
fast  warming  up  of  the  sample,  and  hence,  when 
measurements  are  required  at  constant  temperature, 
the  ballistic  method  must  be  preferred  in  this  region. 
With  the  latter,  moreover,  data  can  be  obtained  on 
the  remanent  magnetic  moment  and  the  shape  of  the 
hysteresis  loop. 

Schematic  diagrams  for  both  the  a-c  and  the  bal¬ 
listic  bridges  are  given  in  figure  8,  a  and  b.  S 
represents  the  paramagnetic  salt  surrounded  by  the 
primary  and  secondary  windings  of  a  mutual  induc- 
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Figure  8.  Schematic  drawing  of  alternating,  current  and 
ballistic  measuring  circuits. 

(a)  a-e  measuring  circuit:  SG,  signal  generator;  S,  paramagnetic  salt;  Mi,  cryostat 
mutual  inductance;  M2,  variable  mutual  inductance,  opposing  Mi;  T,  phase-shift 
potentiometer;  A,  amplifier;  and  VG,  vibration  glavanometer. 

(b)  ballistic  measuring  circuit.  SC,  storage  cell;  BG,  ballistic  galvanometer. 


12  v 


Figure  9.  Direct-current  power-supply  circuit. 


Di,  2-  to  12-v  selector  switch;  A,  ammeter;  Si  to  Se,  switches  for  step-variation 
of  current;  D2,  reversing  switch. 


tance,  Mi.  This  is  connected  in  series  with  a  vari¬ 
able  mutual  inductance,  M2,  provided  by  the  bridge 
circuit.  I11  the  case  of  the  a-c  bridge  the  primary 
circuit  is  fed  from  a  low-frequency  (about  200  c/s) 
signal  generator,  SG,  the  detecting  device  being  a 
vibration  galvanometer,  VG,  preceded  by  an  ampli¬ 
fier,  A.  The  mutual  inductance,  M2,  is  continuously 
variable  so  that  exact  compensation  of  Mi  is  possible, 
VG  being  used  as  a  null  detector.  If  a-c  losses  occur 
in  S,  these  will  give  rise  to  a  phase  shift  in  the  sec¬ 
ondary  voltage  of  Mi.  Now  this  voltage  can  be 
resolved  into  two  components,  of  which  only  one  can 
be  compensated  by  M2.  The  other  component, 
which  is  in  quadrature  with  the  voltage  of  M2  (and 
hence  in  phase,  or  180°  out  of  phase,  with  the  pri¬ 
mary  current)  can  be  compensated  by  taking  off 
a  small  voltage  from  a  potentiometer,  R,  in  the  pri¬ 
mary  circuit.  Zero  deflection  of  VG  can  only  be 
obtained  if  both  M2  and  K  are  set  to  the  correct 
value.2 

For  ballistic  measurements  the  primary  circuit  is 
fed  from  a  storage  cell,  SC,  with  a  combination  of 
switches  and  adjustable  resistors.  In  this  case  only 
larger  dials  of  M2  are  used,  and  Mi  is  only  approxi¬ 
mately  compensated  by  M2.  The  susceptibility  (or 
the  magnetic  moment)  of  S  is  now  calculated  from 
M2  and  the  residual  deflection  of  a  ballistic  galva¬ 
nometer,  BG.  In  this  case  the  resistance,  R,  is  not 
needed  in  the  circuit. 

The  a-c  and  ballistic  bridges  are  built  into  one  net¬ 
work.  The  transition  from  one  to  the  other  can  be 
made  in  a  few  seconds  by  setting  some  switches. 
SG  is  then  replaced  by  the  storage  cell,  VG,  and  A  Dy 
BG,  and  R  is  switched  out  of  the  circuit. 

The  following  are  short  descriptions  of  the  separate 
components  of  the  bridge  network. 

The  a-c  power  supply  consists  of  a  commercial 
audiofrequency  signal  generator.  The  frequency 
can  be  varied  between  20  and  20,000  c/s,  but  gen¬ 
erally  frequencies  of  a  few  hundred  cycles  per  second 
are  used.  In  the  present  work  the  standard  fre¬ 
quency  is  210  c/s,  just  between  two  of  the  mains 
harmonics,  so  that  disturbing  influences  from  the 
mains  are  as  smafl  as  possible.  At  the  rated  power 
output  of  5  w  the  distortion  of  the  signal  is  less  than 
1  percent.  The  current  is  read  on  a  precision  milli- 
ammeter,  with  a  set  of  internal  shunts  for  different 
ranges. 

The  d-c  power  supply  is  shown  diagrammatically  in 
figure  9.  With  the  dp-dt  switch,  D1;  either  of  two 
storage  batteries  (2  and  12  v)  may  be  selected. 
Ballistic  susceptibility  measurements  are  performed 
by  reversing  the  primary  current  through  Mx  and 
M2  by  means  of  D2.  Measurements  of  hysteresis 
loops  can  be  made  by  switching  the  current  on  or 
off  in  six  approximately  equal  steps  with  the  help  of 

2  If  a-c  losses  of  the  above-mentioned  kind  occur,  the  magnetic  behavior  of  the 
salt  can  be  described  by  means  of  a  complex  susceptibility:  x~x'—ix"<  where 
x',  the  “inductive  component,”  gives  rise  to  the  part  of  the  magnetic  moment  that 
can  be  compensated  by  M2,  and  x",  the  “resistive  component,”  can  be  compen¬ 
sated  by  R.  Since  the  heat  absorption  per  second  from  an  alternating  magnetic 
field  is  equal  to  ^Ao2ux"[4)  (where  Ao  is  the  amplitude  of  the  field),  this  heat  can 
be  derived  at  once  from  the  value  of  R.  For  the  calculation  of  the  magnetic 
moment  (in  magnitude  and  in  phase)  both  M2  and  R  are  needed. 

It  should  be  noted  that  spurious  a-c  losses  in  the  bridge  also  gave  rise  to  a  con¬ 
tribution  to  R. 
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Si  .  .  .  S6.  If  only  the  remanent  magnetic  moment 
is  of  interest,  the  current  is  made  and  broken  by 
Si.  This  can  be  done  in  both  directions  by  revers¬ 
ing  D2,  when  Si  is  open.  The  current  is  read  on  the 
precision  milliammeter,  A,  with  a  set  of  internal 
shunts  for  different  ranges. 

The  primary  coil  in  the  mutual  inductance,  M1; 
consists  of  one  layer  of  No.  30  double-silk  covered 
enameled  copper  wire  wound  onto  the  tail  of  the 
liquid-helium  Dewar  and  hence  immersed  in  the 
liquid  nitrogen  (see  fig.  2).  The  secondary  coil  is 
wound,  in  three  sections,  on  the  outside  of  the 
vacuum  case.  The  center  section  surrounds  the  salt 
specimen  and  consists  of  several  hundred  turns  of 
No.  42  Form.var-enaro.eled  copper  wire  (Formex)  the 
number  being  the  greater,  the  weaker  is  the  para¬ 
magnetism  of  the  salt  and  the  smaller  the  size  of 
the  sample.  The  remaining  two  sections  are  wound 
above  and  below  this  in  the  opposite  direction  at  a 
separation  of  about  1  cm,  each  containing  half  the 
number  of  turns  in  the  center  winding.  With  this 
arrangement  of  coils  the  mutual  inductance  of  the 
whole  set  will  be  zero  until  the  salt  is  placed  within 
the  center  winding.  Thus  at  high  temperatures 
where  x'  is  very  small,  the  bridge  may  be  balanced 
at  a  low  value  of  M2.  As  both  the  primary  and 
secondary  coils  are  at  a  low  temperature,  their  re¬ 
sistance  is  low,  and  this  is  advantageous  for  the 
stability  of  the  bridge. 

The  mutual  inductance,  M2,  is  mounted  on  the 
measuring  table,  of  which  an  over-all  view  is  given 
in  figure  10.  Different  equipment  is  used  for  a-c 
and  ballistic  measurements. 

The  a-c  part  of  M2  consists  of  three  units.  The 
main  unit  is  variable  up  to  3  mh  in  steps  of  about 
3  ^b,  the  variation  being  made  by  switching  the 
turns  of  the  secondary  coil  in  and  out  of  the  circuit 
by  means  of  a  three-decade  dial  system..  The  sec¬ 
ond  unit,  the  so-called  “tenths  of  turns  unit”,  con¬ 
sists  of  one  decade,  each  setting  being  equivalent  to 
one-tenth  of  the  smallest  unit  of  the  main  mutual 
inductance.  The  third  unit,  the  “variometer”  is 
continuously  variable  and  is  a  fine  adjustment  on 
the  foregoing  one. 

The  primary  coil  of  the  main  mutual  inductance 
comprises  two  parallel  solenoids  wound  in  opposite 
directions  and  connected  in  series.  They  consist  of 
one  layer  of  No.  20  Formex  wire,  wound  on  cylin¬ 
drical  ceramic  formers,  40  cm  long  and  4-crn  outside 
diameter.  In  order  to  reduce  the  capacity  between 
subsequent  turns,  a  nylon  thread  of  0.3-mm  thick¬ 
ness  was  wound  between  the  turns  of  the  copper 
wire.  In  order  to  prevent  the  accumulation  of 
moisture  between  the  windings,  the  solenoids  were 
vacuum-impregnated  with  microcrystalline  wax  and 
covered  with  oil  tape  before  the  wax  had  hardened. 

Bakelite  bobbins  fitting  closely  over  the  primary 
solenoids  carry  the  secondary  coil.  The  latter  is 
wound  from  10-strand  cable  made  up  from  No.  30 
double-silk  covered  enameled  copper  wire  as  de¬ 
scribed  below.  Three  coils  are  wound  on  a  bobbin, 


one  having  100  turns  of  this  cable,  one  having  10 
turns,  and  one  consisting  of  a  single  loop.  The 
location  of  the  turns  is  shown  in  figure  11;  they 
are  wound  in  such  a  way  that  all  the  coils  have  the 
same  average  diameter.  The  secondary  coils  are  im¬ 
pregnated  in  the  same  way  as  the  primary  solenoids. 

The  10-strand  cable  is  made  with  the  help  of  a 
sim  pie  device,  as  follows:  Wires  from  10  supply 
spoo  Is  spaced  around  the  perimeter  of  a  large  ply- 
wood  disk  are  led  radially  toward  the  center  of  the 
disk  and  then  through  right-angled  glass  tubes  par¬ 
allel  to  the  axle.  The  latter  projects  from  the 
opposite  face  and  is  mounted  in  a  lathe.  As  the 
disk  is  rotated  the  10  wires  are  pulled  continuously 
outward  and  the  cable  forms;  in  winding  it  on  to  a 
storage  spool  the  latter  must  be  given  an  occasional 
turn  to  reduce  the  possibility  of  kinking.  Doubtless, 
an  automatic  device  could  be  devised  to  carry  out 
this  process  somewhat  more  conveniently  and  rapidly, 


Figure  10.  General  view  of  bridge  table. 


From  left  to  right,  variometer,  mutual-inductance  dial  box,  sensitivity  control 
and  galvanometer  selector,  and  resistance  boxes  for  Pm  network  (see  fig.  15  and 
text).  The  main  mutual  inductances  and  the  “one-tenths”  unit  are  enclosed  in 
the  two  boxes  at  top  left,  and  the  ballistic  galvanometer  may  be  seen  at  top  right. 
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Figure  11.  Mutual-inductance  unit  ( detail)  showing  location 
of  secondary  windings  which  are  made  from  1 0-strand  cable. 

O,  Hundreds  of  turns;  #,  tens  of  turns;  ®,  unit  turns. 
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but  it  lias  been  found  that  two  persons  (one  pulling 
steadily  and  one  storing  the  cable)  can  manufacture 
the  cable  at  a  rate  of  5  to  10  m/min  with  no  difficulty. 

The  advantage  of  the  use  of  this  tenfold  stranded 
wire  in  the  bridge  is  obvious.  It  is  the  easiest  way 
to  obtain  10  coils  that  are  identical  to  a  high  degree 
of  precision  (a  few  parts  in  104).  The  disadvantage, 
however,  is  that  the  capacitive  coupling  between 
the  10  coils  is  not  very  small,  so  that  the  bridge  can 
only  be  used  for  investigations  at  relatively  low 
frequencies.  In  practice,  the  upper  limit  is  of  the 
order  of  500  cycles. 

As  mentioned  above,  two  parallel  primary  sole¬ 
noids  wound  in  opposite  directions  and  connected 
in  series  are  used.  They  are  set  in  a  wooden  box  on 
a  board  3  ft  above  the  table  (fig.  10).  Each  solenoid 
is  surrounded  by  a  secondary  bobbin,  as  described 
above,  and  the  turns  of  these  bobbins  are  also 
connected  in  series.  This  arrangement  lias  the 
advantage  of  both  a  negligible  stray  field  from  the 
primaries  on  the  measuring  table  and  a  negligible 
pickup  in  the  secondary  coils  from  spurious  alter¬ 
nating  magnetic  fields.  The  resultant  1,110  turns 
(in  fact,  pans  of  turns  on  the  two  bobbins)  are  led 
to  three  selector  switches  providing  decades  of 
hundreds,  tens,  and  units  of  turns.  Due  to  the 
fact  that  all  the  windings  have  the  same  average 
diameter,  the  relations  10X10  turns=lX100  turns 
and  10X1  turn=lX10  turns  hold  with  a  high 
degree  of  precision.  Then  validity  can  be  improved 
further  by  shifting  the  secondary  bobbins  along  the 
primary  coils,  making  use  of  the  fact  that  the  field 
of  a  solenoid  of  finite  length  is  not  exactly  homoge¬ 
neous.  After  some  adjustment  we  obtained:  10X10 
turns— 1X100  turns=0.003  turn,  and  10X1  turn— 
1X10  turns  =  0.013  turn.  In  this  position  the  units 
of  turns  correspond  to  a  mutual  inductance  of 
3.061  fih  each.  For  very  precise  investigations  this 
correction  may  be  applied,  but  for  ordinary  de¬ 
magnetization  work  it  can  be  neglected.  The 
rotary  selector  switches  (commercial  low-thermal- 
emf  type,  with  11  contacts)  are  mounted  in  an 
aluminum  switchbox  placed  on  the  bridge  table. 
The  cables  are  led  from  the  bobbins  to  the  switchbox 
through  a  copper  tube  to  minimize  electrical  pickup 
(see  fig.  10). 


PRIMARY  COILS  SECONDARY 


Figure  12.  “ One-tenths ”  mutual  inductance  ( see  text). 

The  secondary  winding  for  each  half  of  the  unit  comprises  a  single  turn  of  10- 
strand  cable  and  is  located  at  a  position  of  minimum  primary  field  to  ensure  that 
each  strand  encompasses  the  same  magnetic  flux. 


The  “tenths  of  turns  unit”  is  constructed  in  a 
similar  manner  to  the  above-described  unit  and  is 
depicted  diagrammatically  in  figure  12.  This  unit 
also  consists  of  two  symmetrical  parts  wound  in 
opposite  directions  in  order  to  minimize  stray  fields 
and  pickup  effects.  The  primary  of  each  part  is 
wound  in  the  shape  of  a  Helmholtz  coil,  with  three 
turns  on  each  half.  The  secondary  consists  of  one 
turn  of  tenfold  stranded  cable  of  such  a  diameter 
that  the  wires  pass  through  a  region  of  minimum 
primary  field,  so  that  the  flux  linkage  is  little  affected 
by  irregularity  of  winding.  It  is  connected  to  a 
fourth  rotary  selector  switch  in  the  switch  box  on 
the  table.  A  small  trimming  coil  wound  on  a  glass 
tube  inside  the  unit  and  connected  in  series  with  the 
primary  winding  may  be  moved  along  the  axis  of 
symmetry  in  order  to  adjust  the  total  mutual  in¬ 
ductance  exactly  to  that  of  one  turn  of  the  main 
mutual  inductance. 

The  variometer  is  shown  in  figure  13.  Again,  this 
unit  is  double  to  minimize  stray  fields  and  pickup. 
The  Bakelite  former  (11-cm  diameter)  holds  a  pe¬ 
ripheral  primary  winding  of  5  turns  of  No.  20  Formex. 
The  secondary  winding  is  actually  a  single,  incom¬ 
plete,  loop  of  brass  fixed  to  one  face  of  the  Bakelite 
former,  with  one  lead  soldered  in  the  rear  to  the 
midpoint  of  the  loop  and  the  other  connected  to  the 
sliding  contact,  which  moves  over  the  brass  ring. 
The  mutual  inductance  is  positive  or  negative 
according  to  whether  the  contact  is  moved  clockwise 
or  counterclockwise  away  from  the  midpoint.  The 
position  of  the  sliding  contact  is  indicated  by  a  dial; 
the  point  for  which  the  mutual  inductance  is  equal 
to  one-tenth  of  a  turn  of  the  main  unit  is  found  by 
experiment  and  marked.  The  space  between  this 
point  and  the  midpoint  is  then  graduated  linearly 
with  100  divisions,  and  this  is  repeated  for  the 
opposite  rotation. 

The  ballistic  part  of  M2  is  very  similar  to  the  main 
unit  of  the  a-c  part.  Actually,  the  same  primary 
solenoids  are  used  in  both  cases.  Another  pah'  of 


Figure  13.  Variometer. 


The  two  halves  of  the  primary  winding  and  one  of  the  secondaries — a  single 
(split)  ring  of  brass — may  be  seen  at  the  right.  The  dial  (left)  is  graduated  ±100, 
one  scale  division  corresponding  to  approximately  0.003  microhenry. 
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bobbins  was  mounted  on  the  primaries,  and  second¬ 
ary  coils  of  tenfold  stranded  cable  were  wound  on 
them,  but  only  the  hundreds  and  tens  of  turns,  since 
the  ballistic  measurements  require  only  partial 
compensation  of  Mi  by  M2  (see  the  beginning  of 
section  7).  The  coils  were  connected  to  double  (22 
point)  rotary  selector  switches  and  20  noninductive 
spools  of  copper  wire  were  wound,  each  trimmed  to 
the  resistance  of  a  particular  mutual-inductance 
winding.  The  connections  were  then  made  in  such  a 
way  that  as  inductance  turns  are  switched  out  (for 
instance)  the  appropriate  noninductive  resistance  is 
switched  in.  By  this  means  the  total  resistance  of 
the  secondary  circuit  remains  constant,  and  hence 
the  ballistic  sensitivity  of  the  galvanometer  is  con¬ 
stant.  The  reason  that  these  coils  are  not  also 
used  for  the  a-c  measurements  is  that  the  compensa¬ 
tor  resistances  give  a  noticeable  increase  of  the 
spurious  a-c  losses  in  the  bridge  circuit.  An  inside 
view  of  the  switchbox  showing  the  wiring  to  the 
switches  and  the  ballistic  compensator  resistances 
is  given  in  figure  14. 

The  phase-shift  potentiometer  may  be  constructed 
as  R  in  figure  8, a,  but  a  practical  difficulty  is  that 
resistances  of  the  order  of  10-4  and  10-5  ohm  must 
be  measured  with  some  precision.  For  this  reason 
the  circuit  shown  in  figure  15  was  built,  in  which 
ri  is  a  0.1-ohm  fixed  resistance,  R  is  a  three-decade 
resistance-box  variable  between  100  and  105  ohms, 
and  r2  is  a  four-decade  box  variable  from  0.1  to  1,000 
ohms.  The  voltage  taken  off  in  the  secondary  circuit 
per  unit  current  of  the  primary  is  (r1r2)/(r1+r2+i?). 
This  quantity  is  called  the  “effective  resistance  of 
the  circuit,”  Rett.  If  R  is  set  at  a  constant  value 
well  above  rx  and  r2  (for  instance,  104  ohms),  Reti  is 
practically  linear  in  r2,  the  proportionality  factor 
being  rx/R.  The  complete  layout  of  the  bridge  is 
given  in  figures  16  (schematic)  and  17. 

The  grounding  of  the  bridge  is  a  point  of  impor¬ 
tance.  "The  system  of  figure  16  has  the  advantage 
that  both  the  signal  generator  and  the  preamplifier 
of  the  vibration  galvanometer  are  grounded.  A 
reversing  switch  must  be  included  in  the  circuit, 
however,  so  that  phase  shifts  in  both  directions 
may  be  compensated  with  the  Rett  network.  This 
problem  was  solved  by  connecting  the  reversing 
swifch  between  P  and  Q. 

The  a-c  detecting  device  consists  of  a  vibration 
galvanometer  preceded  by  an  amplifier.  The  design 
of  the  amplifier  is  very  simple.  It  consists  of  tfiree 
stages,  a  6AK5,  a  6AS6,  and  a  6AQ5  resistance- 
capacitance  coupled  to  each  other,  and  the  last 
stage  is  coupled  to  the  galvanometer  with  a  trans¬ 
former.  No  frequency-sensitive  element  has  been 
inserted,  and  the  maximum  amplification  is  about  a 
factor  104.  Under  these  circumstances,  special  atten¬ 
tion  must  be  given  during  the  construction  that  no 
oscillations  will  take  place.  Signals  down  to  10~7v 
must  be  detected,  and  the  reason  that  no  difficulties 
occur  with  the  noise  level  from  the  first  stage  is  that 
the  frequency  width  of  the  galvanometer  is  very 
narrow,  only  a  few  cycles  per  second. 


Figure  14.  Interior  of  mutual-inductance  dial  box. 

The  two  ballistic  turns  selectors  (100-10)  and  20  noninductive  resistance-com¬ 
pensation  coils  are  at  the  left;  the  four  a-c  turns  selectors  (100-10-1-0.1)  and  the 
a-c-ballistic  selector  are  at  the  right. 


Figure  15.  Phase-shift  'potentiometer. 
Re  1 1 = e,ji  p = n  n  ( n+ r2) -* 


Figure  16.  Mutual-inductance  bridge  circuit  ( schematic ). 

SO,  signal  generator;  I,  ammeter;  Mi,  cryostat  mutual  inductance;  S.main  vari¬ 
able  mutual-inductance  unit;  T,  “one-tenths”  unit;  V,  variometer;  Rett,  phase- 
shift  potentiometer;  A,  amplifier;  VG,  vibration  galvanometer.  For  PQ,  refer 
to  text. 
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Figure  18.  Casimir-type  vibration  galvanometer  ( horizontal 
cross  section). 

AB,  electromagnet;  MM',  magnetic-alloy  mirror;  W,  phosphorbronze  suspen¬ 
sion;  C,  deflecting  coils;  D,  copper  damping  block. 
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Tlu1  vibration  galvanometer  was  originally  de¬ 
signed  by  Casimir  and  constructed  in  the  Kamerlingh 
Onnes  Laboratory.  A  cross  section  is  shown  in 
figure  IS.  The  vibrating  system  consists  of  a  small 
piece  of  highly  magnetic  alloy,  MM',  2  mm  square 
and  0.2  mm  thick  attached  to  a  flat  strip  of  phosphor- 
bronze,  W.  MM'  is  magnetized  perpendicular  to 
the  strip,  and  one  side  is  ground  to  a  mirror.  The 
a-c  coil,  C,  is  mounted  in  front.  The  resonance  of 
MM  '  with,  the  a-c  frequency  is  adjusted  by  applying 
a  constant  d-c  magnetic  field,  the  current  through 
electromagnet  AB  being  adjusted  to  such  a  value 
that  the  deflection  of  MM'  is  maximum  for  a  given 
a-c  current  through  C.  In  this  way  the  galvanometer 
can  be  tuned  to  any  frequency  between  100  and  500 
c/s.  D  is  a  movable  copper  block,  which  is  used  for 
damping  the  vibrating  system.  If  D  is  far  away 
from  the  mirror,  the  damping  is  very  small;  it  takes 
a  long  time  for  MM'  to  reach  its  final  amplitude  for 
a  given  current  through  C,  and  the  frequency  band 
width  is  so  narrow  that  the  resonance  adjustment 
can  hardly  be  found.  If  D  is  placed  very  close  to 
MM',  the  mirror  changes  from  one  amplitude  to 
another  in  a  fraction  of  a  second,  the  band  width  is 
still  a  few  cycles  per  second,  and  the  sensitivity  of 
the  galvanometer  is  quite  satisfactory.  If  the 
galvanometer  is  in  resonance  and  well -damped,  the 
sensitivity  is  about  lmv  in  the  neighborhood  of  200 
c/s;  hence,  in  combination  with  the  amplifier, 
signals  of  the  order  of  10-7  v  can  be  detected. 

The  ballistic  detector  device  is  a  voltage-sensitive 
galvanometer  with  a  sensitivity  of  10  mm/^v  and 
a  period  of  5.1  sec.  It  is  aperiodically  damped  with 
a  shunt  resistance,  and  the  deflections  are  read  by 
means  of  a  telescope  and  a  lighted  scale.  The 
commercial  “ballistic  galvanometers”  with  periods 
of  half  a  minute  or  more  are  not  suitable  for  these 
investigations  as  their  ballistic  sensitivity  is  smaller 
by  about  a  factor  10,  and  the  long  period  prevents 
one  from  taking  more  than  one  reading  a  minute. 
Measurements  with  a  fast  galvanometer  require 
some  experience,  but  if  the  deflections  are  kept  under 
10  cm  (by  proper  adjustment  of  M2)  tenths  of  milli¬ 
meters  can  be  estimated  easily.  With  the  above 
arrangement,  it  is  possible  to  take  at  least  six 
readings  a  minute. 


The  possibility  was  considered  of  using  a  still 
faster  galvanometer  and  registering  the  deflections 
photographically.  This  system  has  been  applied 
successfully  in  Leiden,  using  galvanometers  with 
periods  of  1.3  and  0.2  sec.  The  method  works 
quite  satisfactorily,  but  in  some  cases  difficulties 
occur  in  the  interpretation  of  the  results  when  the 
relaxation  time  of  the  salt  becomes  of  the  same  order 
of  magnitude  as  the  swinging  time  of  the  galva¬ 
nometer. 


The  first  author,  who  was  at  the  National  Bureau 
of  Standards  for  1  year  as  a  consultant,  expresses  his 
gratitude  to  members  of  the  staff  of  the  Bureau  for 
the  ready  cooperation  and  assistance  he  received 
during  his  stay,  for  the  many  valuable  discussions, 
and  for  the  high  priority  that  was  often  awarded  to 
his  work. 
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An  Examination  of  the  Helium  Vapor-Pressure  Scale  of 
Temperature  Using  a  Magnetic  Thermometer 1 

E.  Ambler  and  R.  P.  Hudson 


The  variation  of  the  mutual  inductance  of  two  coils  surrounding  a  paramagnetic  crystal 
has  been  measured  as  a  function  of  the  saturation  vapor  pressure  of  helium  in  the  range  1.3° 
to  4.2°  Iv.  The  fact  that  this  quantity  should  vary  inversely  as  the  absolute  temperature 
has  been  made  use  of  to  investigate  the  consistency  of  two  recently  proposed  vapor-pressure 
temperature  scales.  The  results  suggest  errors  above  2°  K  in  the  empirical  equation  pro¬ 
posed  by  Clement,  Logan,  and  Gaffney  (in  contrast  to  the  experiences  of  Erickson  and 
Roberts  with  a  magnetic  thermometer)  and  are  in  closer  accord  with  the  thermodynamic 
calculation  of  Van  Dijk  and  Durieux. 


1.  Introduction 

All  practical  thermometry  in  the  “liquid-helium 
region”  (that  is,  between  1°  and  5.2°  K)  is  dependent, 
directly  or  indirectly,  upon  a  knowledge  of  the  rela¬ 
tion  between  the  saturation  vapor  pressure  of  helium 
and  the  absolute  temperature.  Many  investigators 
measure  directly  the  pressure  over  the  liquid-helium 
cryostat  and  derive  T  from  p-T  tables;  others  use 
the  same  procedure  to  calibrate  a  resistance  ther¬ 
mometer  or  magnetic  thermometer,  etc.  In  this  type 
of  vapor-pressure  measurement  the  accepted  practice 
is  to  apply  a  depth  correction  (“hydrostatic  head”) 
to  the  measured  value  of  p;  this  correction  is,  how¬ 
ever,  of  somewhat  doubtful  validity  and  can  be 
avoided  by  measuring  the  pressure  in  a  vapor-pres¬ 
sure  bulb  that  is  in  thermal  equilibrium  with  the 
material  under  investigation  (effectively  zero  im¬ 
mersion). 

The  p-T  tables  in  general  use  at  the  present  time 
comprise  the  “1948  scale”  [1] 2  and  are  based  on 
the  work  of  Schmidt  and  Keesoin  [2],  Bleaney  and 
Simon  [3],  and  Kamerlingh  Onnes  and  Weber  [4]. 
Possible  errors  in  the  1948  scale  were  admitted  at 
the  time  of  its  preparation,  notably  in  the  1.3°  to 
2.2°  K  region  from  consideration  of  the  helium 
isotherm  measurements  of  Kistemaker  [5],  and  be¬ 
tween  t  he  normal  boiling  point  and  the  critical  point 
due  to  the  sparseness  of  the  experimental  data  upon 
which  the  scale  was  based  in  the  latter  region.  The 
investigations  of  Erickson  and  Roberts  [6]  with  a 
magnetic  thermometer  for  the  region  1°  to  4.2°  K 
and  those  of  Berman  and  Swenson  [7]  above  4.2°  K 
with  a  gas  thermometer  provided  a  strong  basis  for 
a  revision  of  the  1948  scale,  and  an  empirical  formula 
was  developed  by  Clement  and  coworkers  [8]  from 
which  a  p-T  table  could  be  conveniently  calculated 
to  any  desired  precision,  and  which  fitted  the  new 
data  to  within  0.002  deg  throughout  the  entire  range. 
A  summary  of  the  situation  obtaining  in  October  1954, 
prior  to  the  development  of  the  Clement  formula  and 
the  publication  of  the  supporting  evidence  obtained 
by  Corak  et  al.  [9]  from  calorimetric  work  and  by 

1  A  brief  account  of  this  work  was  presented  at  the  Fourth  International  Con¬ 
ference  on  Low  Temperature  Physics,  Paris,  August  30  to  September  8,  1955. 

2  Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 


Keller  [10]  from  He4  and  He3  isotherm  data,  has 
been  given  by  Hudson  [11].  The  latter  report  made 
reference  to  some  preliminary  magnetic  thermometer 
investigations  by  Hudson  and  de  Klerk  (unpublished) 
that  were  in  qualitative  agreement  with  the  findings 
of  Erickson  and  Roberts  [6]  but  suggested  somewhat 
larger  errors  in  the  1948  scale  in  the  region  of  3.5°  K. 
These  measurements  have  now  been  extended,  using 
improved  apparatus,  and  the  results  provide  the 
subject  of  the  present  report.  While  this  work  was 
in  progress,  Iveesom  and  Pearlman  [12]  reported  that 
some  anomalies  in  their  calorimetric  data  could  be 
removed  upon  reevaluating  their  data  in  terms  of  the 
Clement  equation. 

In  summary,  the  evidence  available  in  mid-1955 
strongly  supported  the  validity  of  the  Clement  equa¬ 
tion.  A  revision  of  the  1948  scale,  long  overdue, 
therefore  seemed  feasible  and  the  time  opportune 
with  the  approach  of  the  Fourth  International  Con¬ 
ference  on  Low  Temperature  Physics  in  Paris  in 
September  1955.  During  this  conference,  however, 
the  results  of  a  new  thermodynamic  calculation  of 
the  p-T  relation,  which  differs  by  several  millidegrees 
from  the  Clement  equation  below  1.5°  K  and  above 
2.2°  Iv,  were  announced  by  Van  Dijk  and  Durieux.3 

The  first  part  of  section  4  of  this  paper  deals  with 
an  analysis  of  our  data  in  terms  of  the  Clement  equa¬ 
tion.  In  section  4.2  the  same  data  are  reanalyzed 
in  terms  of  the  Van  Dijk-Durieux  table. 

2.  Apparatus 

To  reduce  uncertainties  in  the  measurement  of  p, 
the  saturation  vapor  pressure,  occasioned  by  meas¬ 
urement  of  the  bath- pressure  and  application  of  the 
hydrostatic-liead  correction,  a  vapor-pressure  bulb 
was  employed.  A  series  of  measurements  was  per¬ 
formed  with  the  apparatus  shown  in  figure  1,  a. 

The  magnetic  thermometer  comprised  a  paramag¬ 
netic  salt  specimen,  A  (a  1-in.  sphere  ground  from  a 
large  crystal  of  chromic  methylammonium  alum)4 

3  H.  van  Dijk  and  M.  Durieux,  paper  presented  at  the  Fourth  International 
Conference  on  Low  Temperature  Physics,  Paris  Aug.  39  to  Sept.  8.  1955.  We 
are  indebted  to  Dr.  van  Dijk  for  kindly  providing  us  with  advance  information 
on  this  calculation. 

4  The  choice  of  salt  was  based  upon  the  requirements:  Reproducible  behavior, 
small  crystal  field  splitting  and  dipole-dipole  interaction,  absence  of  direct 
exchange  interaction,  and  ease  of  growth  of  large  crystals. 
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Figuke  1.  Vapor-pressure  bulb  and  magnetic  thermometer. 

a,  First  apparatus,  used  in  June  1955  measurements;  b,  modification  as  used  in 
August  1955  measurements.  For  explanation  of  symbols,  see  text. 


located  within  a  mutual  inductance,  P-S,  which  was 
wound,  in  a  rigid  assembly,  on  concentric  glass  tubes. 
The  latter  was  connected  to  an  a-c  mutual-inductance 
bridge  [13].  For  convenience  of  removal  and  inspec¬ 
tion  of  the  crystal,  the  bulb,  B,  was  extended  to 
project  beyond  the  coil  windings,  and  closed  at  the 
bottom  by  a  ground-joint  plug,  C.  A  pedestal,  D, 
supported  the  crystal,  and  the  volume  of  the  bulb 
was  reduced  by  means  of  a  hollow  glass  “filler”,  E. 
The  tube,  F,  connected  the  bulb  to  the  manometer 
system  and  was  protected  by  a  vacuum  jacket,  G. 
Sealed-in  glass  disks,  each  perforated  by  one  small 
hole  (about  2  mm  in  diameter),  provided  radiation 
shielding,  and  F  and  B  were  silvered  internally. 

The  purpose  of  the  jacket,  G,  was  to  avoid  a 
“cold  spot”  on  F :  Due  to  the  hydrostatic  head  effect, 
the  liquid  helium  in  the  surrounding  bath  is  coldest 
at  the  surface  and,  if  the  vapor  in  F  comes  to  thermal 
equilibrium  with  the  bath  liquid  at  this  point,  the 
pressure  indicated  on  the  manometers  will  be  that 
corresponding  to  the  temoerature  at  the  liquid  sur¬ 
face  and  not  at  the  paramagnetic  salt  (but  see  below). 

As  the  temperature  of  A  changed  with  changing 
bath  pressure,  the  variation  in  susceptibility  was 
detected  as  a  change  in  the  bridge  setting,  n.  Since 
the  approximate  calibration  formula  of  the  thermom¬ 
eter  was  T=34/n  and  the  precision  of  bridge  setting 
was  An=0.001,  temperature  changes  could  be 
observed  as  follows:  At  4°  K,  5X10-4  deg;  at 


3°  K,  2.5X10-4  deg;  at  2°  K,  1.2X10"4 ‘deg;  at 
1 .3°  K,  5X  10~5  deg.  This  precision  was  not  realized 
in  practice  because  of  small  fluctuations  at  the  lowest 
pressures  and  to  the  necessity  for  applying  small 
corrections  for  the  nonlinearity  of  the  bridge,  but 
the  probable  error  due  to  such  effects  was  less  than 
1  millidegree  thoughout  the  range  of  measurement 
(1.3°  to  4.2°  K). 

Subsequently  the  apparatus  was  redesigned,  for 
reasons  given  below,  and  the  second  version  is  shown 
in  figure  1,  b  In  this  modification  there  was  no 
vacuum  jacket  shielding  the  tube,  F,  the  vapor- 
pressure  bulb  was  shortened  considerably,  and  access 
to  the  latter  was  made  possible  by  winding  the  coils 
of  the  mutual  inductance  on  demountable  formers. 
This  assembly  proved  thoroughly  satisfactory  from 
the  point  of  view  of  rigidity. 

3.  Experimental  Procedure 

With  liquid  helium  in  the  cryostat,  liquid  helium 
was  introduced  into  the  vapor-pressure  bulb  by 
condensation  of  gas  under  a  small  overpressure. 
Prior  to  the  silvering  and  final  assembly,  a  test  filling 
was  carried  out  to  determine  the  exact  quantity  of 
helium  required  to  submerse  the  crystal.  A,  and  to 
observe  the  change  of  liquid  level  within  the  bulb 
during  continuous  cooling  of  the  bath.  This  level 
will  tend  to  rise  because  of  condensation  of  the  helium 
gas  in  the  manometer  system  and  fall  because  of 
increased  density  of  the  liquid  as  the  lambda  point 
is  approached.  In  the  present  apparatus,  the  former 
effect  tended  to  outweigh  the  latter,  and  there 
resulted  about  a  3-mm  submersion  at  the  lambda 
point.  As  the  precise  depth  varied  with  bath  level 
(a  large  part  of  the  dead-space  gas  is  contained  in  the 
section  of  F  that  is  immersed),  the  possible  correction 
of  0.03  mm  of  Hg  was  not  applied  to  the  measured 
value  of  p.  [The  corresponding  error  in  T  is  3X 10-4 
deg  at  the  lambda  point  and  becomes  progressively 
smaller  as  T  increases;  below  the  lambda  point  there 
is,  of  course,  no  depth  correction.] 

In  an  experimental  determination  of  helium  vapor 
pressure  the  most  probable  sources  of  error,  i.  e., 
extraneous  heat  influxes  to  the  bulb,  will  lead  to  an 
overestimate  of  p.  Apart  from  the  more  familiar 
radiation  and  conduction  effects,  there  is  one  peculiar 
to  low-temperature  apparatus;  viz.,  a  heat  influx 
due  to  oscillations  in  the  gas  column  in  a  tube  such 
as  F.  As  a  result  of  these  heat  leaks,  the  surface 
temperature  of  the  bulb  liquid  will  be  raised,  and 
temperature  inhomogeneity  will  persist  because  of 
the  low  thermal  conductivity  of  the  liquid.  A 
thermometer  below  the  surface  will  therefore  be  at 
a  lower  temperature  than  that  corresponding  to 
the  measured  value  of  p.  The  paramagnetic  salt  is 
a  much  better  heat  conductor  than  liquid  helium, 
but,  even  so,  a  very  small  heat  influx  (if  all  passes 
through  the  salt)  will  suffice  to  set  up  a  differential 
of  several  millidegrees  across  a  1-in.  sphere.  (A 
rough  calculation  gives:  at  4.2°  K,  5  x  1CT4  watt  per 
millidegree;  at  2.2°  K,  10~4  watt  per  millidegree.) 
The  employment  of  a  vacuum  jacket  in  order  to 
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avoid  a  cold  spot  on  tube  F  (fig.  1),  was  found  to  do 
more  harm  than  good;  heat  flow  along  F  from  above 
is  prevented  from  entering  the  bath-liquid,  and  the 
conduction  heat  leak  into  the  vapor-pressure  bulb 
is  greatly  intensified.  A  strong  manifestation  of 
this  effect  was  observed  in  the  first  apparatus,  and  it 
was  found  necessary  to  admit  “exchange  gas”  into 
the  erstwhile  vacuum  space,  G,  in  order  to  minimize 
this  heat  leak.  [In  fact,  the  “cold-spot  hypothesis” 
appears,  upon  closer  examination,  to  be  invalid  for 
liquid-helium  vapor-pressure  thermometry  in  a  glass 
apparatus.  This  was  not  appreciated,  however,  at 
the  time  of  designing  the  first  apparatus.  The 
hypothesis  supposes  that  a  pressure  drop  exists 
along  the  tube  corresponding  to  the  full  hydro¬ 
static  head,  which  is,  for  example,  1  mm  of  Hg  for 
a  10-em  depth.  (This  is  equivalent  to  1.5  millide- 
grees  at  4°  K,  3.7  millidegrees  at  3°  K.)  Under 
such  a  A p,  there  would  be  a  very  large  flow  of  vapor 
up  the  tube,  which,  for  the  maintenance  of  the  sup¬ 
posed  conditions,  must  cool  to  the  cold-spot  tempera¬ 
ture  and  then  return  downward  by  convection  or 
condense  and  flow  back  as  liquid.  A  rough  calcula¬ 
tion  shows  at  once  that  in  a  tube  of  the  size  used 
(1-cm  i.  d.)  the  required  heat  transfer  could  not 
possibly  take  place  through  the  wall  and  the  process 
must  be  self-stifling.] 

The  presence  of  gas  oscillations  in  the  tube,  F, 
was  sought  for  by  connecting  a  small  oil  manometer 
of  2-mm  bore  between  F  and  the  bath.5  None 
could  be  detected  with  the  arm  connected  to  the 
bath  closed  off.  (With  this  arm  open,  the  oil 
meniscus  oscillated  with  a  period  of  some  15  sec  and 
an  amplitude  of  about  1  mm.)  The  same  manom¬ 
eter  could  be  used  as  a  direct  check  on  the  hydro¬ 
static-head  effect.  In  the  first  apparatus,  the  hydro¬ 
static  head  as  measured  in  this  way  was  always 
considerably  higher  than  that  computed  from  the 
level  of  the  liquid  in  the  bath.  A  ith  the  second 
apparatus,  the  two  values  always  checked  much 
more  closely,  which  suggests  that  a  heat  leak  was 
present  in  the  first  apparatus. 

The  second  apparatus  was  accordingly  built 
without  the  vacuum  shield,  G  (fig.  1,  a)  and  with 
smaller  holes  in  the  radiation  shields  (which  were 
also  increased  in  number  and  more  closely  spaced). 
Enough  liquid  was  condensed  to  reach,  initially, 
the  equator  of  the  sphere,  A,  to  make  better  use  of 
the  thermal  conductivity  of  the  salt  as  opposed 
to  that  of  liquid  helium. 

The  manometers  were  of  sufficiently  large  bore  to 
obviate  the  necessity  for  meniscus-height  corrections. 
Therm omolecular  pressure  effects,  and  the  reflux  of 
helium  due  to  film  flow  in  the  He  n  region,  were 
negligible  for  the  1-cm-diameter  tube  used.  Pres¬ 
sures  were  measured  to  0.01  mm  by  means  of  a 
Wild  cathetometer  and  the  readings  corrected  to 
standard  gravity  and  20°  C.  Pressures  were  stabi¬ 
lized  through  simultaneous  adjustment  of  a  fine- 
control  pumping  valve  and  the  current  through  a 
small  heating  coil  in  the  bottom  of  the  cryostat. 

5  Wo  are  indebted  to  J.  R.  Clement  for  suggesting  this  procedure. 


The  bridge  reading,  n,  is  a  linear  function  of  the 
susceptibility  of  the  paramagnetic  salt  specimen, 
x,  which  varies  as  the  inverse  of  the  absolute  tem¬ 
perature  (Curie  law).  Departures  from  the  Curie 
law  due  to  the  crystalline  field  splitting  of  the  ground 
state  spin-quadruplet  are  negligible  down  to  1.3° 
Iv,  the  lower  limit  of  measurement  [14],  The 
calibration  formula  actually  has  the  form 

n—B=A/T,  (1) 


where  A  is  proportional  to  the  Curie  constant  of  the 
material,  and  B  is  a  second  constant,  equivalent  to 
the  bridge  balance  value  at  infinite  temperature. 
In  order  to  examine  the  over-all  consistency  of  a 
given  p-T  relation  the  two  constants  A  and  B  may 
be  determined  by  plotting  n  as  a  function  of  1/T  and 
fitting  a  straight  line  to  the  data.  Inserting  these 
values  into  eq  (1),  magnetic  temperatures,  Tm,  are 
then  computed  for  each  measured  value  of  n,  and 
the  differences  A T=T—Tm  provide  a  measure  of  the 
“over-all  validity”  of  the  given  p-T  relation.  [As 
the  latter  may  be  a  priori  in  error  in  any  part  of  the 
temperature  range  investigated,  the  correct  values 
of  A  and  B  are,  within  limits,  infinitely  variable  and 
the  final  choice  correspondingly  arbitrary.  The  two 
constants  may  be  fixed  by  considering  the  scale  to 
be  correct  at  any  two  chosen  points,  preferably  at 
opposite  ends  of  the  temperature  interval  (cf.  Erick¬ 
son  and  Roberts  [6]).]  Values  of  A T/Tm  are  then 
plotted  against  Tm  for  a  more  sensitive  check  of  the 
quality  of  the  above  fit:  for  let  us  suppose  that  the 
derived  AT’s  are  entirely  due  to  incorrect  choices  of 
the  values  for  A  and  B.  Then 
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Bearing  in  mind  that  this  type  of  plot  will  tend  to 
exaggerate  deviations  at  the  lowest  temperatures, 
the  best  straight  line  may  now  be  drawn  and  the 
originally  chosen  values  of  A  and  B  modified  accord¬ 
ingly  (see  footnote  5).  By  such  a  procedure  it  was 
found  possible  to  assign  final  values  to  A  and  B  with 
confidence  that  any  alternative  choices  that  could 
be  readily  permitted  would  only  affect  the  values  of 
AT  in  a  minor  way  and  would  not  invalidate  the  gen¬ 
eral  conclusions  as  to  the  over-all  correctness  of  the 
scale.  [This  procedure  becomes  the  more  accept¬ 
able,  the  better  is  the  p-T  relation  under  examination. 
In  the  case  of  the  1948  Scale,  for  example,  the  errors 
are  so  large  that  the  choice  of  B  would  have  to  be 
supported  by  an  independent  determination  of  this 
quantity  from  measurements  at  high  temperatures; 
this  was  not  possible  in  the  present  apparatus  wdiere 
the  measuring  coils  were  immersed  in  liquid  helium.] 
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Table  1.  Corresponding  values  of  pressure  in  millimeters  of  mercury,  p  ( corrected  to  20°  C  and  standard  gravity),  and  bridge 

dial-setting ,  n  ( corrected  for  nonlinearity  in  decade  scale) 


June 

7,  1955 

June  8,  1955 

June  16,  1955 

June  17,  1955 

August  17,  1955 

P 

11 

P 

11 

P 

n 

P 

P 

P 

n 

71)8.00 

11.  223, 

748.  67 

11. 164 

758.  94 

11.202o 

769.  97 

11.227s 

726.  55 

17.0123 

751.  77 

11.  1783 

413.  42 

9.  8765 

758.  12 

11.  200o 

750.  63 

11.  1735 

726.  22 

17.0132 

Ii27.  49 

10.  803 o 

41.  060 

3.  805s 

680.  15 

10. 977s 

550.  49 

10.  520s 

003.  46 

17.  280s 

508.12 

10.  334, 

37.  894 

3.  5779 

603.  56 

10.  7232 

547.  46 

10.  5103 

495.  96 

17.  573; 

341.  13 

9.  443? 

23.  473 

2. 182; 

501.  32 

10.  3174 

315.  84 

9.  2585 

320.  30 

18.  263i 

254. 04 

8,  730 5 

16.  987 

1.  240j 

402.  33 

9.  829s 

45.  486 

4.  1103 

181.73 

19.  2242 

153.91 

7.  473o 

13.827 

0,  0384 

173.  72 

7.  794o 

36.  834 

3.  4922 

96.  08 

20.  385o 

71.02 

5.  378a 

13. 581 

.  5S5o 

88. 05 

5.  99?2 

21.691 

1.  9595 

24.  595 

23.  lOOo 

70.71 

5.  376, 

8. 526 

— ,  795o 

87.  81 

5.  984, 

8.  576 

-0.  775: 

1 7.  795 

23.  7552 

26.  03 

2. 478o 

8. 556 

788; 

14.  676 

0.  814; 

3.  502 

-3.  515; 

13.  126 

24.  371; 

25.  80 

2.  45U 

6.415 

-1.  650s 

14.  774 

.836; 

9.  367 

25.  070s 

3.  907 

-3.  173o 

6.  141 

25.  951o 

2.  229 

—4. 927o 

3.  770 

27.  OO30 

1.263 

-6.  765; 

2.  358 

28.  0109 

4.  Results 

The  experimental  data,  i.  e.,  corresponding  values 
of  pressure  in  millimeters  of  mercury  (corrected  to 
20°  C  and  standard  gravity)  and  bridge  reading 
(corrected  for  nonlinearity),  are  given  in  table  1. 

4.1.  Comparison  With  the  Clement  Equation 

Four  runs  on  different  days  were  made  with  the 
first  apparatus  and  the  results  could  be  harmonized, 
using  slightly  different  values  for  the  constants  A 
and  B,  with  a  quite  small  scatter.  This  is  shown  in 
fig.  2, a. 6 

"The  signal  feature  of  these  results  is  a  large  posi¬ 
tive  deviation  hump  (AT— 5  millidegrees)  in  the 
middle  of  the  He  i  region.  The  deviations  are  very 
small  in  the  He  ii  region  (less  than  1  millidegree)  and 
achieve  significant  negative  values  above  4°K. 
From  what  has  been  said  in  the  preceding  section, 
the  good  fit  in  the  He  ii  region  could  be  fortuitous, 
and  one  might,  for  example,  reassess  the  thermom¬ 
eter  calibration  to  give  a  zero  deviation  in  the 
region  of  the  boiling  point  and  again  somewhere  in 
the  middle,  say,  of  the  He  n  region.  This  has  been 
done  in  figure  2,  b.  The  main  effect  is  to  exaggerate 
the  3°K  “hump”  while  only  slightly  affecting  the 
points  below  the  lambda  point. 

On  either  assessment,  however,  the  suggestion 
remains  that  the  “Clement  temperature”  (Tc i)  is 
too  high  by  several  millidegrees  in  the  neighborhood 
of  3°K.  Equally  well,  of  course,  the  measured  vapor 
pressures  could  be  too  high  here  due  to  errors  of 
measurement,  such  as  would  be  occasioned  by  ex¬ 
traneous  heat  influx  to  the  bulb.  All  the  data  of 
figure  2  were  obtained  with  exchange  gas  introduced 
into  the  jacket,  G  (fig.  1,  a).  Without  exchange  gas 
the  3°K  hump  became  several  times  larger,  and  this 
finds  a  ready  explanation  in  terms  of  heat  conducted 
down  tube  F  (fig.  1,  a),  as  discussed  in  section  3. 
By  the  same  token,  the  hump  of  figure  2  might  be 
due  to  an  ineradicable  heating  effect,  and  that  it-  is 
partly  so  is  supported  by  the  data  obtained  with 
the  second  apparatus,  shown  in  figure  3. 

6  The  results  as  presented  in  figs.  2a  and  3  were  actually  obtained  using  the 
same  A,  B  values  as  finally  chosen  for  the  corresponding  Van  Dijk-Durieux 
evaluation  (Re's.  4  and  5,  respectively).  It  so  happens  that  these  values  provide 
as  good  a  general  fit  as  any  others. 
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Figure  2.  Deviation  of  temperature  as  indicated  by  vapor 
pressure  and  Clement  p-T  relation  (Tci)  from  magnetic 
temperature  (Tm)  as  a  function  of  T. 

a,  Results  of  June  1955:  b,  data  reanalyzed  with  different  values  of  constants  A 
and  B.  equation  (1),  to  give  A71=0  at  normal  boiling  point. 
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Figure  3.  Results  of  August  1955  analyzed  in  terms  of 
Clement  temperatures,  corresponding  to  June  data  of  figures 
2a  and  2b. 
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Only  one  experiment  was  carried  out  with  this 
apparatus,  and  the  data  are  accordingly  somewhat 
sparse.  The  thermometer  calibration  was  quite 
different  from  the  previous  case,  i.  e.,  one  was  then 
operating  upon  a  different  section  of  the  bridge 
windings,  which  is  an  advantage  in  checking  the  in¬ 
ternal  consistency  of  the  bridge.  The  results  are 
very  similar  to  those  of  figure  2,  b,  but  the  hump  in 
the  He  i  region  is  much  less  pronounced  (see  foot¬ 
note  6). 

4.2.  Comparison  With  the  Van  Dijk-Durieux  Table 

Recently  Van  Dijk  and  Durieux  (see  footnote  3) 
have  recalculated  the  p-T relation  for  helium,  making 
a  reassessment  of  the  best  available  thermodynamic 
data.  Their  results  are  not  in  exact  accord  with  the 
Clement  equation  and,  in  fact,  deviate  from  it  in 
the  He  i  region  after  the  manner  of  the  points  in 
figure  3,  with  a  ATmax  of  3.6  millidegrees  at  2.9°Iv. 
In  the  He  ii  region,  AT(—TCi—TVZ)D)  increases 
steadily  from  —0.001  deg  at  1.9°K  to  +0.0016 
deg  at  1 ,0°K. 

In  consequence,  the  magnetic  thermometer  data 
of  this  report  can  be  fitted  somewhat  more  closely 
to  the  Van  Dijk-Durieux  table  than  to  the  Clement 
equation.  Figure  3  has  been  obtained  in  a  rather 
subjective  manner,  with  an  eye  to  the  general 
features  of  a  plot  of  TC\  —  'Add  versus  T. 
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Figure  4.  Deviation  of  temperature  as  indicated  by  vapor 
pressure  and  Van  Dijk-Durieux  p-T  relation  (TV dd)  .from 
magnetic  temperature,  Tm,  as  a  function  of  T. 

Results  of  June  1955. 


DATE  A  B  DATE  A  B 

O  June  7,1955  34.0483  I9.2752  •  Junel6,l955  34’0I72  l9-2720 

A  June  8,1955  33-9840  l9-2530  ▲  Junel7,l955  33.9994  l9-2635 
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Figure  5.  Results  of  August  1955  analyzed  in  terms  of  “Van 
Dijk-Durieux  temperatures,’’  corresponding  to  June  data  of 
figure  4. 

(Compare  fig.  3.) 
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The  latter  [not  shown]  shows  zero  deviation  at 
1.7°K  and  a  minimum  deviation  at  about  3.8°K; 
these  features  have  been  used  as  a  guide  in  obtaining 
the  calibration  curves  from  which  figure  4  is  de¬ 
rived.  It  can  be  seen  that  a  two-point  tie-down  is 
forced  on  one  here,  as  it  is  impossible  to  choose  values 
of  A  and  B  (eq  (1))  that  will  give  effectively  zero 
A T  over  a  significantly  large  temperature  interval 
without  causing  unduly  large  deviations  elsewhere. 
Thus  one  may  keep  the  magnitude  of  AT(=  Add  — 
Tm  small  throughout  the  entire  range  of  measure¬ 
ment  but  then  one  also  obtains  a  systematic  deviation 
in  the  He  ii  region. 

The  August  data  are  plotted  in  figure  5,  which  is  to 
be  compared  with  figure  3.  Figure  5  was  obtained 
as  the  best  fit  throughout  the  entire  range  of  measure¬ 
ment,  and  it,  too,  has  the  feature  of  practically  zero 
deviation  at  1.7°  and  3.8°  K.  The  magnitude  of 
AT  now  lies  within  ±1.5  millidegrees  throughout  the 
range  of  measurement. 


5.  Discussion 

The  two  sets  of  data,  viz.,  the  June  results  with 
me  first  apparatus  and  the  August  results  with  the 
second,  do  not  agree  quantitatively  but  do  show 
qualitatively  the  same  behavior.  It  is  felt  that  the 
August  data  are  the  more  valid  (smaller  heat  leaks 
into  vapor-pressure  bulb),  and  these  agree  very 
closely  with  the  Van  Dijk-Durieux  calculated  p-T 
table.  Both  Van  Dijk  and  Clement  have  recently 
made  significant  modifications  to  their  respective 
p-T  tabulations.  In  a  subsequent  report  the  present 
authors  will  reevaluate  the  above  data  together  with 
the  results  of  a  new  series  of  measurements. 

None  of  the  present  measurements  can  be  brought 
into  very  close  accord  with  the  Clement  equation, 
in  contrast  to  the  results  of  Erickson  and  Roberts 
[6].  The  greater  part  of  the  latter  data  was  obtained 
from  bath-pressures  plus  hydrostatic-head  correc¬ 
tion,  which  might  account  for  the  discrepancy,  since 
the  conditions  necessary  for  the  exact  validity  of 
applying  such  a  correction  are  impossible  to  achieve 
in  practice. 

The  significant  differences  among  the  data  of 
Erickson  and  Roberts  and  the  first  and  second  series 
reported  here  point  up  a  major  problem  in  vapor- 
pressure  thermometry  in  the  liquid-helium  region, 
viz.,  the  difficulty  of  reproducing  results  from  one 
apparatus  to  another  and  of  checking  any  p-T  rela¬ 
tion  to  the  desirable  accuracy  of  1  millidegree.  From 
the  practical  point  of  view,  one  desires  to  obtain 
accurate  values  of  absolute  temperature  from  simply 
performed  measurements  of  vapor  pressure,  the 
latter  being  an  essentially  minor  part  of  any  given 
investigation.  It  is  not  entirely  unreasonable  to 
seek  a  solution  in  the  direction  of  making  rigid 
stipulations  concerning  the  technique  of  vapor- 
pressure  measurement  and  to  evolve  a  “practical 
p-T  relation”  that  is  different  from  that  calculated 
on  a  thermodynamic  basis. 

On  the  other  hand,  it  is  true  that  the  differences 
between  the  Clement  equation  and  the  Van  Dijk- 
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Durieux  table  are  never  greater  than  a  few  milli- 
degrees.  Allowing  a  2-millidegree  precision  for  the 
latter  table  (as  its  authors  claim),  a  “Clement  tem¬ 
perature”  should  have  a  maximum  deviation  from 
the  thermodynamic  temperature  of  5.6  millidegrees 
at  2.9°  K,  a  probable  error  that  is  tolerable  for  many 
of  the  common  research  problems  in  this  region. 
Experiments  demanding  a  knowledge  of  d T /dp 
(e.  g.,  specific-heat  determinations)  are,  of  course, 
most  sensitive  to  deficiencies  in  the  temperature 
scale. 
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FIXED  POINTS 
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Introduction 

The  definition  of  the  International  Temperature  Scale1  gives  the  inter¬ 
polation  formulas  relating  temperature  to  the  resistance  of  a  standard  re¬ 
sistance  thermometer.  The  standard  resistance  thermometer  and  formula 
together  provide  the  means  for  determining  an  unknown  temperature  rel¬ 
ative  to  the  ice  point  temperature  from  a  determination  of  the  ratio  of  two 
resistances  of  the  thermometer,  one  at  the  unknown  temperature  and  the 
other  at  the  ice  point.  Precision  resistance  thermometry  with  a  standard 
resistance  thermometer,  therefore,  depends  upon  the  precision  and  accuracy 
with  which  these  ratios  can  be  determined. 

The  standard  resistance  thermometer  is  calibrated  at  the  ice,  steam,  and 
sulfur  points  for  determinations  of  temperatures  from  the  ice  point  to 
630°C,  and  further  calibrated  at  the  oxygen  point  for  determinations  of 
temperatures  between  the  oxygen  and  ice  points.  The  accuracy  of  resistance 
thermometry  depends  fundamentally  upon  the  accuracy  with  which  the 
fixed-point,  temperatures  can  be  realized.  Precision  resistance  thermometry 
therefore  requires  not  only  precision  measurements  of  resistances  but  also 
accurate  realizations  of  the  fixed  points  when  the  standard  resistance  ther¬ 
mometers  are  being  calibrated. 

The  paper,  “Precision  Resistance  Thermometry,”  at  the  temperature 
symposium  held  in  New  York  in  1939,  was  contributed  by  E.  F.  Mueller.2 
He  mentioned  the  beginning  of  precision  resistance  thermometry  in  1887, 
when  Callendar’s  paper  on  resistance  thermometry  was  published.  He  then 
described  the  procedures  of  precision  resistance  thermometry  that  were  the 
best  practice  a  half  century  later.  The  present  paper  describes  some  of  the 
techniques  which  have  been  developed  in  the  15  years  since  Mueller’s  paper 
was  written. 

At  the  time  of  the  earlier  symposium  there  had  been  some  studies  at  the 
Massachusetts  Institute  of  Technology3’  11  on  the  reproducibility  of  the 
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steam,  sulfur  and  ice  points  which  are  the  fixed  points  for  the  first  resist¬ 
ance-thermometry  part  of  the  International  Temperature  Scale.  Recog¬ 
nizing  the  importance  of  this  work,  the  National  Bureau  of  Standards 
began  in  1942  to  develop  apparatus  and  techniques  to  improve  the  accuracy 
of  the  realization  of  all  four  fixed  points  which  are  the  basis  of  both  of  the 
resistance-thermometry  parts  of  the  scale.  The  aim  was  to  make  the  accu¬ 
racy  of  realization  of  these  fixed  points  comparable  with  the  precision  of 
measurement. 

Recent  Developments  in  Technique  for  Precision  Determinations  of 
Thermometer  Resistances 

Measurements  of  the  resistances  of  platinum  resistance  thermometers 
are  made  with  a  small  electric  current  flowing  in  the  coils  of  the  thermom¬ 
eters.  This  small  current  heats  the  platinum  and  raises  its  temperature 
above  that  of  the  surroundings.  The  amount  which  the  temperature  of  the 
platinum  is  raised  depends  upon  the  construction  of  the  platinum  thermom¬ 
eter  and  often  on  the  environment  of  the  thermometer.  For  thermometry 
of  the  highest  precision  the  effects  of  this  heating  must  be  taken  into  ac¬ 
count. 

When  the  surface  of  the  protecting  envelope  of  the  thermometer  is  in 
direct  contact  with  a  substance  which  absorbs  the  heat  of  the  measuring 
current,  the  platinum  is  heated  only  the  amount  of  the  temperature  drop 
to  the  outside  of  the  envelope  itself.  This  condition  might  exist  when  the 
thermometer  is  directly  in  an  ice  bath  or  a  stirred  liquid  bath.  See  Fig.  1. 
There  are  times,  however,  when  this  heat  flows  beyond  the  outside  surface 
of  the  protecting  envelope  before  it  is  absorbed.  At  these  times  there  is  a 
further  temperature  drop  outside  the  envelope.  This  condition  exists,  for 
example,  when  the  thermometer  is  being  calibrated  in  a  triple  point  cell 
(described  later).  See  Fig.  2.  In  this  instance  there  is  a  temperature  drop 
from  the  envelope  to  the  inside  wall  of  the  triple-point-cell  well  through 
the  fluid  in  the  well,  usually  water.  There  is  a  further  drop  in  temperature 
through  the  glass  of  the  well  to  the  outside  of  the  well  and  then  another 
small  drop  through  the  film  of  water  outside  the  well  before  the  heat  reaches 
the  water-ice  surface  where  the  fixed  point  temperature  is  maintained  by 
the  liquid-solid  equilibrium. 

Sometimes  the  temperature  drop  from  the  outside  of  the  thermometer 
envelope  to  the  temperature  of  interest  may  be  made  smaller  by  the  use  of 
liquids  or  solids  which  improve  the  thermal  contact.  In  the  triple  point 
cell,  for  example,  it  is  convenient  to  use  water  in  the  well  of  the  cell.  Water 
is  a  much  better  thermal  conductor  than  air  but  a  free  fitting  metal  bushing 
occupying  most  of  the  space  in  the  water  outside  the  thermometer  coil 
helps  a  good  deal  more.  In  the  triple  point  cell,  when  2  milliamperes  are 
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Fig.  1.  Thermometers  in  ice  bath.  Temperature  distribution  from  axis  of  ther¬ 
mometer  with  2  milliamperes  current.  A.  Platinum  coils  of  coiled  filament  ther¬ 
mometer;  only  alternate  coils  are  indicated.  B.  Platinum  of  single  layer  helix  ther¬ 
mometer;  alternate  turns  indicated.  C.  Pyrex  thermometer  envelope.  D.  Ice  bath. 

flowing  in  the  thermometer  coils,  an  aluminum  bushing  has  reduced  the 
temperature  drop  outside  the  thermometer  envelope  from  about  0.0008°C 
to  about  0.0002°C.  In  the  benzoic  acid  cell4  at  about  122.36°C  one  can  not 
use  water,  so  bushings  are  of  great  help.  See  Fig.  3.  In  the  benzoic  acid  cells 
especially,  it  is  wise  not  to  use  a  bushing  much  longer  than  the  coils  because 
the  upper  parts  of  the  cells  cool  much  sooner  than  the  lower  parts.  Glycerine 
or  oil  has  been  used  in  the  wells  of  benzoic  acid  cells  to  improve  the  thermal 
contact,  but  care  must  be  taken  lest  these  conducting  fluids  undergo  a  chem¬ 
ical  reaction  when  they  are  at  these  temperatures  and  thus  produce  an  in¬ 
dependent  source  of  energy  to  cause  an  erroneous  determination  of  temper¬ 
ature.  Obviously  a  thicker  film  of  a  given  conducting  medium  will  maintain 
a  greater  temperature  difference  across  it. 

Inasmuch  as  the  platinum  is  heated  by  the  measuring  current  it  is  neces¬ 
sary  to  wait  till  a  sufficiently  steady  state  of  heat  flow  is  established  so  that 
the  resistance  of  the  thermometer  is  constant  enough  for  precision  measure- 
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Fig.  2.  Thermometers  in  triple  point  cell.  Temperature  distribution  from  axis  of 
thermometer  with  2  milliamperes  current.  A.  Coiled  filament.  B.  Single  layer.  C.  Py- 
rex  thermometer  envelope.  D.  Water.  E.  Metal  bushing.  F.  Pyrex  thermometer  wTell. 
G.  Ice  mantle.  H.  Inner  melting.  I.  No  inner  melting.  J.  Water  in  cell.  K.  Cell  wall. 
L.  Outside  ice  bath.  M.  Temperature  gradient  through  mantle. 

ments.  The  time  chat  it  is  necessary  to  wait  depends  upon  the  temperature 
rise  of  the  platinum  and  the  various  heat  capacities  and  thermal  conductiv¬ 
ities  of  the  parts  of  the  thermometer  and  the  surroundings  that  intervene 
between  the  platinum  and  the  substance  whose  temperature  is  being  meas¬ 
ured.  The  approach  of  the  thermometer  resistance  to  the  steady  state  value, 
therefore,  is  not  a  simple  exponential  function  of  time.  For  precision  meas¬ 
urements  it  is  necessary  to  have  a  continuous  current  flowing  in  the  ther¬ 
mometer  coil  and  to  wait  till  the  resistance  of  the  coil  has  reached  its  final 
value  within  the  desired  precision  of  measurement.  Under  different  con¬ 
ditions  this  time  has  been  found  to  range  from  a  half  to  five  minutes. 

When  the  thermometer  is  to  be  used  for  precision  measurements  of 
temperature  in  places  where  the  temperature  is  maintained  beyond  the 
outside  boundary  of  the  protecting  envelope,  the  reliable  way  to  make  the 
resistance  determinations  is  to  measure  the  resistances  at  two  different 
currents  and  extrapolate  to  the  resistance  which  it  would  have  if  no  current 
were  flowing  through  the  thermometer  coil.  In  instances  where  the  highest 
precision  is  not  demanded  the  temperature  drop  outside  the  thermometer 
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Fig.  3.  Thermometers  in  benzoic-acid  cell.  Temperature  distribution  from  axis 
of  thermometer  with  2  milliamperes  current.  A.  Coiled  filament.  B.  Single  layer.  C. 
Pyrex  thermometer  envelope.  D.  Air  space.  E.  Metal  bushing.  F.  Well.  G.  Solid  and 
liquid  benzoic  acid. 


envelope  may  be  small  enough  to  be  neglected.  For  these,  the  thermometer 
coefficients  obtained  with  2  milliamperes  in  the  coils  may  be  used.  In  the 
Callendar  formula  the  alpha  coefficient  for  the  2  milliampere  current,  how¬ 
ever,  will  probably  differ  from  the  calibration  at  zero  milliamperes  by 
several  units  in  the  sixth  significant  figure.  The  delta  coefficients  will  not 
differ  significantly.  During  the  past  few  years,  certificates  from  the  National 
Bureau  of  Standards  have  stated:  “The  following  values  were  found  for  the 
constants  in  the  formula, 


t  = 


Rt  Ro  .  x 

~asr  +  i 


t 

TOO  ’ 


in  which  /  is  the  temperature  at  the  outside  surface  of  the  tube  protecting 
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the  platinum  resistor — and  Rt  and  R0  are  the  resistances  of  the  platinum 
resistor  at  t°  and  0°C  respectively,  measured  with  a  continuous  current  of 
2.0  milliamperes.”  In  some  instances,  where  the  user  needed  to  make  meas¬ 
urements  with  higher  precision,  the  alpha  coefficients  have  been  deter¬ 
mined  for  the  current  extrapolated  to  zero.  It  is  possible,  however,  as  we 
shall  see  presently,  to  compute  the  difference  in  the  alpha  coefficient  to  a 
satisfactory  approximation  from  a  determination  which  one  can  make  of 
the  heating  effect  in  an  ice  bath. 

The  alpha  coefficient  is  defined  by  the  equation  a  =  ( Rw0  —  /f0)/100  7?0  • 
When  a  measuring  current  (for  example  2  ma)  is  flowing  in  the  thermometer 
coil  the  resistances,  Ra  and  Rm  ,  will  be  increased  to  R0  +  A R0  and  Rm  + 
Affioo  .  If  we  now  call  aA  the  apparent  alpha  coefficient,  at  this  measuring- 
current,  then 

_  (-R100  +  ARm)  —  (Ro  A7?o) 

100(l?o  T"  ARo) 

Performing  the  division  indicated  by  the  fraction 'we  can  write  the  equation 
in  the  form 


_  Rm  ~  Ro  ,  A/?  100  —  (Rm/ Ro)ARq  _  AR ioo  —  (Rm/ Ro)ARo 

\OORo  100(74  T-  A  74)  100(74  T-  ARo ) 

With  any  given  measuring  current,  the  power  dissipated  in  a  coil  is  pro¬ 
portional  to  its  resistance,  so  at  100°  the  power  dissipated  is  greater  than  the 
power  dissipated  at  0°  by  the  ratio  Rwo/  Ro  ■  At  100°,  however,  the  thermal 
conductivity  of  air  is  30  %  greater  than  at  0°  and  the  thermal  conductivity 
of  Pyrex  glass  is  13.5%  greater.  In  thermometers  of  widely  different  con¬ 
struction  the  part  of  the  temperature  drop  through  glass  from  the  platinum 
to  the  outside  of  the  protecting  envelope  tube  may  range  from  5%  to  15% 
of  the  total  drop.  Although  radiation  from  the  platinum  is  a  few  times 
greater  at  100°  than  at  0°  it  probably  accounts  for  less  than  1  %  of  the  heat 
transfer.  The  temperature  drop  from  the  platinum  to  the  thermometer 
envelope  tube,  therefore,  is  predominantly  through  air  so  if  we  select  the 
value,  1.29,  for  the  ratio  of  the  average  coefficient  of  heat  transfer  at  100° 
to  that  at  0°  our  computations  probably  will  not  be  in  error  by  more  than 
one  or  two  percent.  We  can,  therefore,  take  ARm  =  A74(74oo/ 74)/1.29. 
Since  the  value  Rm/Ro  is  about  1.392  we  can  write 


1.392A74(1/1.29  -  1) 
~  “  +  100(fto  +  ARo) 


a 


O.313Aft0 

lOOfto 


approximately. 


For  two  milliamperes  current  the  values  of  ARo  for  two  widely  different 
thermometers  were  found  to  be  460  microhms  and  125  microhms  respec¬ 
tively.  The  corresponding  values  for  a  —  a*  are  53  X  10-9  and  15  X  10~9 
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respectively.  We  can  get  the  significance  of  these  values  when  we  consider 
that  39  X  10~9  for  a  —  aA  is  equivalent  to  0.001°  in  100°,  hence  for  these 
thermometers  the  values  for  a  —  aA  are  equivalent  to  about  0.0014°  and 
0.0004°  in  100°  respectively.  For  one  milliampere  these  values  would  be 
reduced  by  a  factor  of  four. 

In  striving  for  a  precision  of  a  few  microhms  in  the  determination  of  the 
resistance  extrapolated  to  zero  current  it  is  necessary  to  control  carefully 
the  ratio  of  the  currents  used  for  the  measurements  and  to  consider  the 
variance  of  the  measurements  at  each  of  these  currents.  Thermometers 
having  larger  heating  of  the  platinum  at  a  given  current  require  greater 
precision  in  the  determination  of  the  ratio  of  the  two  currents.  Ordinary 
milliammeters  are  not  sufficient  for  the  highest  precision  and  an  auxiliary 
potentiometer  for  setting  the  current  is  desirable.  When  using  these  meas¬ 
urements  for  extrapolation  to  zero-current  determinations  it  will  be  shown 
that  precision  in  the  resistance  measurements  at  the  lower  current  is  more 
important  than  precision  in  the  measurements  at  the  higher  current.  Sta¬ 
tistical  theory  shows  that 


where  sr2  is  the  estimate  of  the  variance  of  the  zero-current  resistance, 
Sy2  and  sS2 2  are  the  estimates  of  the  variance  of  the  means  of  the  lower  and 
the  higher-current  resistances  respectively,  and  Xi  and  x2  are  proportional 
to  the  power  (current  squared)  put  into  the  thermometer  coils  at  the  lower 
and  higher  currents  respectively.  The  values  of  Sy2  and  s62  can  be  deter¬ 
mined  by  experiment. 

It  sometimes  happens  that  Sy 2  is  greater  than  the  Sy.2  because  the  lower 
current  is  so  small  that  the  deflections  of  the  balancing  instruments  are 
more  difficult  to  detect.  At  different  periods  in  the  past  we  have  used  cur¬ 
rents  ranging  from  1  and  1.41  ma  to  2  and  7.5  ma  but  with  the  instrumenta¬ 
tion  used  at  the  National  Bureau  of  Standards  it  was  found  that  the  op¬ 
timum  value  of  Sy2  was  for  currents  of  about  2  ma.  With  higher  currents 
the  amount  of  the  extrapolation  to  the  zero-current  resistance  is  greater 
and  the  determination  of  the  ratio  of  the  high  to  the  low  current  is  more 
important.  A  potentiometer  of  moderate  precision  should  be  sufficient,  but 
the  higher  the  current  the  more  attention  has  to  be  given  to  the  control  of 
the  current. 

Let  us  assume  that  n  observations  are  to  be  made  to  determine  the  re¬ 
sistance  at  zero  current  and  of  these  n\  are  at  the  lower  current  and  n2  are 
at  the  higher.  Having  determined  the  estimates  Sy2  and  Sy2  by  experiment 
we  can  choose  the  proportion  of  the  observations  that  should  be  made  at 
the  two  currents  in  order  to  get  the  smallest  value  for  sY2.  Again  using  sta- 
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t.istical  theory,  we  find 


^1  i 

n 2  XlSS2 

approximately.  As  an  example  let  us  assume  that  the  currents  are  2  ma  and 
5  ma.  Then  if  we  take,  for  simplicity,  sSl  =  Sy2  we  haveni/w2  =  2YL  which 
is  the  ratio  of  the  number  of  observations  which  must  be  made  at  X\  to  those 
at  X2  in  order  to  get  the  best  results.  As  another  example  let  us  assume  with 
these  same  currents  that  s5l  =  3sS2/2.  We  then  have  ni/n2  =  2Y  X  %  = 
7Y-  In  both  of  these  examples  it  is  evident  that  many  more  observations 
should  be  made  at  the  lower  current  than  at  the  higher  in  order  to  obtain 
the  best  precision  with  a  given  time  spent  in  observing. 

Thermometer  Developments 

In  his  symposium  paper  in  1939,  Mueller  mentioned  the  coiled  filament 
thermometer  construction  described  by  C.  H.  Meyers.5  The  purpose  of  this 
construction  was  to  confine  the  resistor  of  the  thermometer  to  a  shorter 
length  and  a  smaller  diameter  than  had  been  thought  practical  for  standard 
thermometers  before.  About  25.5  ohms  at  0°C  of  >0.087  mm  wire  are  wound 
in  a  helix  about  0.4  mm  in  diameter.  This  helix,  in  turn,  is  bifilar  wound  in 
a  larger  helix  about  20  mm  long  which  is  supported  on  a  mica  cross  within 
a  Pyrex  protecting  tube  ranging  from  7  to  7.5  mm  outside  diameter.  Gold 
leads  extend  up  the  protecting  tube  about  43  cm  to  a  head  where  the  leads 
pass  through  a  hermetic  seal  to  copper  leads. 

In  1943  there  came  to  the  author’s  attention  some  other  small  ther¬ 
mometers  which  were  made  in  Russia.  These  thermometers  were  intended 
for  measurements  of  temperature  in  a  range  extending  up  to  temperatures 
which  are  too  high  for  mica  to  be  used  for  supporting  the  coils.  The  resistor 
has  a  resistance  of  about  10  ohms  at  0°C  and  is  wound  in  a  helix  of  about 
0.6  mm  in  diameter.  This  helix  is  supported  bifilarly  on  opposite  sides  of  a 
twisted  silica  ribbon  and  the  coils  extend  about  40  mm.  The  coils  are  en¬ 
closed  in  a  fused  silica  protecting  envelope  of  about  6  mm  outside  diameter. 
Platinum  leads  extend  up  to  a  head  corresponding  to  that  of  the  Meyers- 
type  thermometers. 

A  platinum  thermometer  of  small  dimensions  was  described  by  C.  R. 
Barber6  of  the  National  Physical  Laboratory  in  1950.  Some  of  these  ther¬ 
mometers  had  a  resistance  of  about  28  ohms  at  0°C.  They  were  made  of 
0.05-mm  wire  wound,  while  hard  drawn,  on  a  1-mm  mandrel  and  supported 
inside  a  fine  Pyrex  tube  of  1.5-mm  inside  diameter  and  0.2-mm  wall  thick¬ 
ness.  The  fine  tube  is  bent  into  the  form  of  a  U,  the  helix  is  held  in  place 
by  fusing  at  the  bottom  of  the  U  and  0.2-mm  platinum  extensions  of  the 
helix  are  sealed  into  the  top  of  the  U.  The  coils  are  in  a  space  over  30  mm 
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long.  At  the  top  of  the  U  the  platinum  leads  are  fused  to  0.5-mm  gold  leads 
which  extend  up  to  a  head  as  in  the  other  small  thermometers.  A  6-mm 
outside  diameter  Pyrex  protecting  envelope  encloses  the  leads  and  the  U 
with  the  enclosed  coils. 

These  three  small  thermometers  which  were  developed  within  the  last 
25  years  have  proved  their  superiority  for  measuring  temperatures  in  smaller 
diameter  spaces  than  was  heretofore  possible.  This  superiority  over  the 
older  type,  however,  has  been  somewhat  offset  in  some  of  these  small 
thermometers  by  the  disadvantage  that  the  platinum  temperature  is  not 
as  near  the  temperature  of  the  outside  of  the  protecting  envelope.  To 
be  sure,  the  resistance  at  any  temperature  can  be  extrapolated  to  that  at 
zero  current,  as  we  have  seen;  but  the  precision  of  this  extrapolation  does 
depend  upon  the  amount  to  be  extrapolated.  In  using  these  small  coils 
some  of  the  parts  of  the  helices  are  several  diameters  of  the  wire  away  from 
the  wall  of  the  protecting  envelopes,  and  furthermore  the  area  through 
which  heat  flows  to  the  protecting  envelope  is  smaller  in  this  type  than  it 
was  in  the  older  types.  Meyers  recognized  this  disadvantage  in  his  coiled 
filament  type  of  thermometer  and  developed  another  type  to  correct  it. 
About  1943  he  began  making  thermometers  of  this  new  design  using 
0.077-mm  wire  wound  in  a  single-layer  bifilar  helix  22  mm  long  with  the 
wire  only  0.03  or  0.04  mm  away  from  the  inside  wall  of  the  protecting  en¬ 
velope.  The  helix  is  supported  on  a  mica  cross  in  U-shaped  notches  spaced 
about  0.25  mm  on  centers.  The  notches  are  about  1.5  diameters  of  the  wire 
deep  and  just  wide  enough  to  allow  freedom  for  the  wire  to  adjust  itself 
with  a  minimum  of  constraint.  Gold  leads  0.2  mm  in  diameter  extend  up 
the  envelope  to  the  head.  In  this  type  of  construction  the  thermal  contact 
of  the  wire  with  the  envelope  is  so  good  that,  when  a  current  of  2  ma  is  in 
the  coils,  the  temperature  rise  of  the  wire  above  the  outside  of  the  protecting 
envelope  is  less  than  0.002°.  In  the  other  types  of  small  thermometers,  de¬ 
scribed  above,  the  temperature  rise  ranges  from  2  to  4  times  as  great. 

One  effect  which  must  be  guarded  against  in  precision  thermometry  is 
the  effect  on  the  resistance  of  the  thermometer  coil  caused  by  heat  conduc¬ 
tion  along  the  leads.  This  effect  is  easily  determined  by  experiment.  One 
procedure  is  to  pack  the  thermometer  in  a  slush  of  ice  and  water  till  the 
ice  is  just  above  the  coil  of  the  thermometer.  The  resistance  of  the  coil  is 
then  measured.  Packing  more  ice  up  around  the  stem  of  the  thermometer 
to  increase  the  depth  of  immersion  will  change  the  resistance  of  the  coil. 
This  process  is  continued  till  further  packing  does  not  change  the  resistance 
by  a  significant  amount.  A  plot  of  these  data  on  semi-log  paper  shows  the 
immersion  necessary  for  the  precision  desired. 

Thermometers  with  heavy  gold  leads  in  poor  thermal  contact  with  the 
envelope  obviously  will  require  greater  immersion  than  those  with  light 
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platinum  leads  near  the  envelope  wall.  The  immersion  necessary  to  reduce 
the  effect  to  within  the  equivalent  of  0.0001°  on  some  of  the  small  ther¬ 
mometers  described  above  ranged  from  11  cm  to  26  cm  from  the  ends  of 
the  protecting  envelopes.  Usually  there  is  provision  for  sufficient  immersion 
so  that  the  lead  conduction  will  produce  no  significant  error  in  the  deter¬ 
mination  of  temperature,  but  this  effect  must  be  kept  in  mind  for  precision 
temperature  determinations.  Some  special  thermometers  have  been  con¬ 
structed  where  special  attention  was  paid  to  thermal  contact  of  the  leads 
with  the  envelope  wall  in  order  to  make  the  necessary  immersion  very  small. 
Ordinarily  this  precaution  is  not  demanded. 

Thermometers  for  calorimetry  at  temperatures  below  the  oxygen  point 
are  made  of  the  coiled  filament  type  and  enclosed  in  platinum  capsules, 
5.5  mm  in  diameter  and  48  mm  long.  When  in  use,  these  thermometers 
are  usually  soldered  into  the  calorimeters  with  low  melting  solder  so  heat 
conduction  outside  the  protecting  envelopes  is  seldom  a  problem.  Platinum 
leads  are  sealed  through  glass  which  covers  the  end  of  the  platinum  cap¬ 
sule.  At  the  sulfur  point,  however,  the  glass  seals  become  conducting  and 
increase  the  difficulty  and  uncertainty  of  the  calibrations  at  that  tempera¬ 
ture.  The  electrical  conduction  in  the  glass  insulation  of  these  resistance 
thermometers  has  been  discussed  by  H.  J.  Hoge.7  In  order  to  have  thermal 
contact  of  the  platinum  wire  with  the  envelopes  of  these  thermometers  at 
temperatures  ranging  down  to  near  10°K  these  capsules  are  filled  with  hy¬ 
drogen-free  helium  containing  some  oxygen. 

In  Mueller’s  paper  in  19392  there  was  a  speculation  about  the  changes  in 
the  coefficients  of  a  thermometer  accompanying  progressive  changes  in  ice- 
point  resistances.  He  stated  “The  changes  of  resistance  which  occur  in  the 
resistor  of  the  thermometer  are  likely  to  be  additive.  Changes  which  affect 
the  resistance  of  the  thermometer  at  all  temperatures  in  the  same  propor¬ 
tion  are  less  likely  to  occur.”  This  is  to  say  Rm  —  Ro  was  expected  to  be 
more  constant  than  Rm/Ro  ■  Since  that  time  we  have  some  evidence,  with 
thermometers  made  of  high  purity  platinum,  that  the  ratio  ithoo/Ro  remains 
constant  within  our  precision  of  measurement  even  when  the  resistance  of 
the  thermometer  at  0°C  does  increase  by  significant  amounts.  There  is 
also  some  confirming  evidence  of  this  from  other  national  laboratories.  It 
appears,  therefore,  that  changes  affect  the  resistance  of  thermometers  pro¬ 
portionally  at  all  temperatures  when  the  thermometers  are  of  high  purity 
platinum  and  well  annealed. 

R.  J.  Corruccini,8  on  the  other  hand,  has  shown  that  rapid  chilling  of 
platinum  does  cause  changes  which  are  more  nearly  additive.  He  attributes 
these  changes  to  strains  set  up  by  the  chilling  because  reannealing  restores 
the  platinum  to  the  old  condition.  In  general,  however,  it  seems  unlikely 
that  standard  resistance  thermometers  in  protecting  envelopes  could  be 
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subjected  to  such  drastic  chillings  as  he  was  able  to  give  to  his  platinum. 
We  conclude,  therefore,  that  additive  changes  are  not  likely  in  standard 
thermometers. 

Bridge  Developments 

Since  Mueller’s  paper2  in  1939  two  new  bridges  have  been  designed  and 
constructed,  and  are  being  used  for  precision  resistance  thermometry.  One 
is  an  improved  Smith  Bridge  that  is  in  use  at  the  National  Physical  Labora¬ 
tory.  Since  this  bridge  is  described  elsewhere9  it  will  not  be  discussed  here. 
The  other  is  a  bridge  which  Mueller,  using  his  many  years  of  experience, 
designed  after  his  retirement  from  the  National  Bureau  of  Standards.  Pro¬ 
totypes  of  this  design  were  delivered  to  the  Bureau  in  1949.  Since  an  ex¬ 
tensive  description  of  this  bridge  is  not  in  prospect  in  the  near  future  a 
brief  description  will  be  given  here. 

The  intention  of  the  design  of  this  bridge  was  to  make  measurements 
possible  within  an  uncertainty  not  exceeding  two  or  three  microhms.  This 
bridge  has  a  seventh  decade  which  makes  one  step  in  the  last  decade  the 
equivalent  of  ten  microhms.  One  uncertainty  which  was  recognized  was  that 
of  the  contact  resistance  in  the  dial  switches  of  the  decades.  Experience 
shows  that  with  care  this  uncertainty  can  be  kept  down  to  the  order  of 
0.0001  ohm.  Switches  made  with  well-planed  copper  links  bridging  well- 
planed  copper  posts  and  making  contact  with  an  excess  of  mercury,  have 
uncertainties  of  contact  resistance  of  considerably  less  than  one  microhm. 

Iu  Mueller’s  design  the  ends  of  the  equal-resistance  ratio  arms  are  at  the 
dial-switch  contacts  on  the  one  ohm  and  the  tenth  ohm  decades.  He  has 
made  the  resistances  of  the  ratio  arms  3000  ohms  so  that  the  uncertainty  of 
contact  resistance,  0.0001  ohm,  produces  an  uncertainty  of  only  one  part  in 
30,000,000.  With  30  ohms,  for  example,  in  each  of  the  other  arms  of  the 
bridge,  these  two  ratio-arm  contacts  should  produce  an  uncertainty  of  re¬ 
sistance  measurement  of  1.41  microhms.  The  next  largest  uncertainty  would 
appear  to  be  in  the  hundredth  ohm  decade  which  has  the  largest  steps  of 
four  Waidner-Wolff  elements.  In  the  zero  position  of  this  decade  the 
0.0001 -ohm  uncertainty  in  contact  resistance  is  part  of  a  shunt  of  over  20 
ohms  and  produces  an  uncertainty  of  0.4  microhm. 

The  10-ohm  decade  has  mercury  contacts  and  the  commutator  switch 
has  large  mercury  contacts.  One  new  feature  in  the  commutator  switch 
is  the  addition  of  an  extra  pair  of  mercury-contact  links  which  serve  to 
reverse  the  ratio  coils  simultaneously  with  the  thermometer  leads.  This 
feature  was  suggested  by  Hoge,  who  was  then  at  the  National  Bureau  of 
Standards.  This  feature  automatically  makes  the  combined  error  of  the 
normal  and  reverse  readings  only  one  in  a  million,  for  example,  when  the 
ratio  arms  are  unequal  by  as  much  as  a  part  in  a  thousand,  and  thus  prac- 
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tically  eliminates  an  error  from  lack  of  balance  in  the  ratio-arms.  It  does  not 
eliminate  any  systematic  error  in  the  contact  resistance  at  the  end  of  the 
ratio  arms  on  the  decades,  however,  because  the  mercury  reversing  switch 
has  to  be  in  the  arms. 

The  commutators  on  these  bridges  are  made  so  as  to  open  the  battery 
circuit  before  breaking  contacts  in  the  resistance  leads  to  the  thermometer. 
This  makes  it  possible  to  lift  the  commutator,  rotate  it,  and  set  it  down  in 
the  reversed  position  in  less  than  a  second  and  thus  not  disturb  the  galva¬ 
nometer  or  the  steady  heating  of  the  resistor  by  a  very  significant  amount. 
In  balancing  the  bridge,  snap  switches  are  used  to  reverse  the  current  so 
the  heating  is  interrupted  only  a  small  fraction  of  a  second.  This  practice 
of  reversing  the  current  has  proven  very  valuable.  It  not  only  keeps  the 
current  flowing  almost  continuously  in  the  resistor  but  also  gives  double 
the  signal  of  the  bridge  unbalances. 

In  striving  for  greater  precision  in  resistance  thermometry  we  may  ask 
what  our  limit  is.  One  limit  which  we  cannot  exceed  is  that  imposed  by  the 
Johnson  noise  which  exists  in  all  resistors.  The  random  voltage  in  re¬ 
sistors  at  300°K  is  given  by  the  formula  SF  =  1.12  X  10 ~10\/R/t  where 
R  is  the  resistance  in  ohms  and  r  is  the  time  in  seconds  over  which  the 
voltage  is  averaged.  The  quantity,  r,  could,  for  example,  be  the  time  con¬ 
stant  of  the  galvanometer.  From  this  formula  it  would  appear  that  the  mag¬ 
nitude  of  the  Johnson  noise  in  a  circuit  including  an  instrument  having  a 
one-second  period  would  be  of  the  same  order  of  magnitude  as  an  unbalance 
of  1  microhm  in  the  measuring  arm  of  a  bridge  when  one  milliampere  was 
flowing  in  a  25-ohm  thermometer.  In  practice  there  seems  to  be  a  dis¬ 
crepancy  between  this  limit  and  what  we  realize.  We  have  found  that  for  a 
net  time  of  over  a  minute  of  observing,  for  observations  at  1.5  and  2.5  ma 
to  extrapolate  to  zero  current,  the  determinations  of  the  resistance  of  ther¬ 
mometers  in  triple  point  cells  have  a  standard  deviation  of  a  single  deter¬ 
mination  of  about  8  microhms.  We  have  not  yet  been  able  to  attribute  this 
discrepancy  either  to  the  bridge,  the  thermometer,  the  galvanometer,  the 
triple  point  cell,  or  the  observer  and  it  remains  one  of  the  unsolved  problems 
of  precision  resistance  thermometry. 

Fixed  Points 

For  the  calibration  of  platinum  resistance  thermometers  on  the  Interna¬ 
tional  Temperature  Scale  four  equilibrium  fixed  points  are  defined,  one  of 
which  is  a  freezing  point  and  the  others  are  boiling  points.  To  realize  these 
fixed  points  it  is  assumed  that  it  is  better  to  strive  for  realizations  of  the 
definitions  rather  than  to  follow  recommended  procedures  which  were  set 
up  as  standard  practice  in  the  past.  At  the  National  Bureau  of  Standards 
the  triple  point  of  water  sealed  in  cells  is  used  exclusively  to  derive  the  ice 
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point.  The  boiling  points  of  sulfur  and  water  are  realized  by  active  ebul¬ 
lition  in  boilers  connected  to  a  pressure-controlled  reservoir  of  helium.  The 
pressure  of  the  helium  is  controlled  manually  by  means  of  a  precision  man¬ 
ometer  to  give  one  atmosphere  pressure  at  the  level  of  the  thermometer 
coils.  The  boiling  point  of  oxygen  is  realized  in  an  apparatus  which  contains 
saturated  liquid  oxygen  and  its  vapor  at  one  atmosphere  pressure.  The  oxy¬ 
gen  is  separated  from  the  helium  of  the  reservoir  by  a  thin  metal  diaphragm 
which  indicates  the  balance  between  the  oxygen  and  helium  pressures. 

Triple  Point  of  Water 

At  the  General  Conference  on  Weights  and  Measures  in  1948  the  follow¬ 
ing  resolution  was  adopted: 

“With  the  present-day  technique,  the  triple  point  of  water  is  susceptible 
of  being  a  more  precise  thermometric  reference  point  than  the  ‘melting- 
point  of  ice’. 

“The  Advisory  Committee  considers,  therefore,  that  the  zero  of  the 
thermodynamic  centigrade  scale  should  be  defined  as  being  the  temperature 
0.0100  degree  below  that  of  the  triple  point  of  pure  water.” 

The  triple  point  of  water  has  been  realized  for  the  past  several  years  in 
glass  cells  of  about  5  cm  in  diameter  with  reentrant  coaxial  walls  for  the 
thermometers  about  39  cm  long  and  1.3  cm  in  inside  diameter.  Figure  4 
shows  a  sectioned  drawing  of  a  triple  point  cell  in  an  ice  bath.  Extending 
up  from  the  cell  is  a  tube  which  is  sealed  off  above  the  cell  after  filling  with 
gas-free  distilled  water.  Below  the  sealing-off  point  is  a  side  tube,  extending 
horizontally  which  serves  as  a  handle  for  lifting  and  turning  the  cell  and 
also  for  supporting  the  cell  when  it  is  packed  in  a  bath  of  flaked  ice  and 
water. 

After  the  cells  are  blown  and  annealed  they  are  cleaned  with  acid  and 
distilled  water  and  then  steamed  for  several  days  until  the  condensed  steam 
on  the  walls  runs  down  in  a  continuous  film  over  the  entire  inner  surface. 
They  are  then  connected  to  a  still  which  removes  99.9  per  cent  of  dissolved 
gases  from  distilled  water.  They  are  evacuated  and  filled  with  water  to 
within  about  2  cm  of  the  top  and  sealed  off. 

To  prepare  the  cell  for  measurements  it  is  first  immersed  into  an  ordinary 
ice  bath  for  several  minutes  to  cool  the  cell  and  its  contents.  A  mantle  of 
ice  from  3  to  10  mm  thick  is  then  frozen  onto  the  outside  of  the  well.  One 
procedure  for  freezing  the  ice  mantle  is  to  dry  the  well  and  keep  it  filled  with 
crushed  dry  ice  (solid  CO2)  until  the  ice  mantle  is  thick  enough.  This  pro¬ 
cedure  takes  about  thirty  minutes.  When  the  cooling  with  dry  ice  is  first 
started  it  may  take  a  minute  or  more  to  initiate  freezing.  Crystals  first 
appear  as  fine  needles  along  the  outside  of  the  well.  As  cooling  is  continued 
these  initial  needle  crystals  disappear  and  a  clear  glass-like  mantle  builds 
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Fig.  4.  Triple  point  cell.  A.  Water  vapor.  B.  Pyrex  cell.  C.  Water  from  ice  bath. 
D.  Thermometer  well.  E.  Ice  mantle.  F.  Air-free  water.  G.  Flaked  ice  and  water. 
H.  Insulated  container. 

up.  When  sufficient  ice  has  been  frozen  on  the  well,  the  dry  ice  is  withdrawn 
from  the  well  and  the  cell  immersed  below  the  water  level  in  the  ice  bath  so 
that  ice-cold  water  fills  the  well  in  order  to  improve  the  thermal  contact  of 
the  thermometer  with  the  water-ice  interface. 

The  process  of  freezing  purifies  the  water  and  concentrates  the  impurities 
in  the  water  ahead  of  the  ice  as  it  forms  on  the  outside  surface  of  the  ice 
mantle.  These  concentrated  impurities  lower  the  temperature  on  the  out¬ 
side  mantle  surface  by  a  significant  amount  unless  the  water  was  very  pure 
before  freezing.  If,  now,  a  warm  tube  is  immersed  into  the  well  for  a  few 
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seconds,  enough  of  the  pure  ice  next  to  the  well  will  be  melted  to  free  the 
mantle  and  provide  a  new  water-ice  interface.  It  is  easy  to  see  when  the  ice 
mantle  is  free  by  giving  the  cell  a  quick  rotation  about  the  axis  of  the  well 
and  noting  whether  or  not  the  mantle  rotates  with  the  cell.  This  new  water- 
ice  surface  provides  the  temperature  for  calibrating  thermometers.  See 
Fig.  2. 

This  procedure  of  inner  melting  is  believed  to  be  very  valuable  for  ob¬ 
taining  reproducibility  of  temperature.  We  have  seen  that  freezing  purifies 
the  sample  from  the  well  outward  and  that  the  inner  melting  produces 
liquid  from  ice  which  is  much  purer  than  the  water  outside  the  mantle. 
This  means  that  less  effort  has  to  be  expended  in  preparing  and  filling  the 
cells  than  would  be  necessary  if  other  procedures  for  freezing  were  used. 
Experience  shows  that  the  inner  melting  procedure,  in  the  cells  at  the  Na¬ 
tional  Bureau  of  Standards,  provides  temperatures  which  are  as  identical 
to  each  other  and  as  reproducible  as  we  are  now  able  to  differentiate  tem¬ 
peratures,  namely,  within  about  0.00008°C. 

Temperatures  at  the  outside  of  thick  mantles  in  some  cells  about  two 
years  old,  on  the  other  hand,  were  found  to  be  about  0.002°  low,  when  first 
determined  within  a  half  hour  of  freezing,  but  were  rising  for  several  hours 
thereafter.  These  low  temperatures  are  believed  to  be  caused  by  impurities 
(including  dissolved  glass)  and  the  rising  temperatures  by  diffusion  of  the 
concentrated  impurities  away  from  the  outside  surface  of  the  mantle  into 
the  water.  The  lower  temperature  at  the  outside  of  the  mantle  causes  no 
error  when  the  inner  melting  technique  is  used.  Small  transfers  of  heat 
caused  by  radial  temperature  gradients  merely  cause  freezing  or  melting 
at  the  water-ice  interfaces  and  do  not  change  the  temperature  by  sig¬ 
nificant  amounts. 

Previous  investigators  have  frozen  the  water  in  their  triple  point  cells 
by  supercooling  until  spontaneous  freezing  fills  the  cells  with  mush  ice. 
When  the  water  in  these  same  NBS  cells  was  spontaneously  frozen,  the 
temperatures  were  a  few  ten-thousandths  of  a  degree  low,  presumably  due 
to  impurities.  This  result  again  emphasizes  the  value  of  the  simple  inner- 
melting  technique  for  obtaining  reproducible  temperatures. 

Precision  Manometer 

The  precision  manometer  at  the  National  Bureau  of  Standards  was  de¬ 
signed  for  precision  gas-thermometer  measurements.  The  apparatus  con¬ 
sists  of  two  large  cells  for  mercury  surfaces  connected  by  an  articulate  tube 
and  supported  on  a  base  by  long  and  short  columns  of  end  standards.  The 
aim  in  the  design  was  to  make  this  manometer  capable  of  determining  pres¬ 
sure  to  an  accuracy  of  one  part  in  a  million  but  this  accuracy  is  not  de¬ 
manded  by  present-day  precision  thermometry.  Fig.  5  shows  a  scale  di- 
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Fig.  5.  Manometer:  A.  Hoke  blocks.  B.  Mercury  cell.  C.  Mercury  pump.  D.  Ar¬ 
ticulate  tube.  E.  Insulated  capacitor  plate.  F.  Reference  capacitor.  G.  Pneumatic 
switch.  H.  Helium  supply.  I.  Helium  pump.  V.  Vacuum  line. 

Steam  point  boiler:  AW.  Boiler  wall,  tinned  copper.  BW.  Heater.  CW.  Liquid 
water.  DW.  Layer  of  silver  wires.  EW.  Radiation  shields.  FW.  Thermometer  wells. 
GW.  Water  vapor  condenser.  HW.  Dry  ice  trap. 

Oxygen  point  apparatus.  AO.  Copper  block.  BO.  Oxygen  bulb.  CO.  Liquid  oxygen. 
DO.  Heat  interceptors.  EO.  Radiation  shields.  FO.  Thermometer  well.  GO.  Cooling 
tubes.  HO.  Envelope.  10.  Liquid  nitrogen.  JO.  Liquid  nitrogen  inlet  for  cooling. 
KO.  Metal  diaphragm.  LO.  Diaphragm  cell  wall.  MO.  Insulated  island.  NO.  Glass 
insulator.  PO.  Clamp  for  diaphragm.  V.  Vacuum  lines. 

Sulfur  point  boiler.  AS.  Boiler  wall,  aluminum.  BS.  Radiant  heater.  CS.  Liquid 
sulfur.  DS.  Layer  of  aluminum  wires.  ES.  Radiation  shields.  FS.  Thermometer  wells. 
GS.  Sulfur  vapor  condenser.  HS.  Dry  ice  trap.  IS.  Feeler  thermocouple. 
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agram  of  the  manometer  at  the  left  connected  to  the  steam  point  boiler, 
the  oxygen  point  apparatus,  and  the  sulfur  point  boiler. 

The  pressure  which  is  measured  with  this  manometer  is  balanced  by  a 
column  of  mercury.  Pressure  is  the  product  of  the  height  of  the  column 
multiplied  by  the  density  of  the  mercury  and  by  the  gravitational  accelera¬ 
tion.  It  is  believed  that  the  height  of  the  column  can  be  determined  with 
this  apparatus  to  the  accuracy  of  calibration  of  the  end  standards,  which 
heretofore  has  been  about  two  parts  in  a  million.  The  value  of  the  density 
of  mercury  at  0°C,  according  to  recent  reports,  may  be  uncertain  to  one  or 
two  parts  in  100,000  but  it  is  the  opinion  at  the  National  Bureau  of  Stand¬ 
ards  that  differences  of  more  than  about  four  parts  in  a  million  are  not  to 
be  expected  between  different  samples  of  virgin  mercury,  gathered  any¬ 
where  on  the  earth.  The  value  for  the  gravitational  acceleration  may  be 
uncertain  by  nearly  one  part  in  100,000  but  values  relative  to  the  value 
determined  at  Potsdam  are  known  with  high  precision.  For  these  reasons 
it  is  believed  that  the  reproducibility  of  the  steam  point  in  different  labora¬ 
tories  could  be  in  the  order  of  0.0001  °C,  inasmuch  as  this  corresponds  to 
about  four  parts  per  million  in  pressure. 

The  principal  features  of  this  manometer,  ^ which  make  such  precision 
possible,  are  the  large  cells  for  the  mercury  surfaces  to  eliminate  the  un¬ 
certainties  of  capillary  depression,  an  electrostatic  capacitance  scheme  for 
determining  the  height  of  the  mercury  surface,  and  the  use  of  end-standards 
2.4  cm  square  for  supporting  these  cells. 

The  mercury  cells  are  about  7.3  cm  in  inside  diameter.  They  are  made  of 
steel  with  the  tops  and  bottoms  about  2  cm  thick,  which  is  thick  enough  to 
prevent  a  significant  flexure  by  a  change  of  pressure  of  one  atmosphere.  A 
steel  tube  about  3  mm  inside  diameter  permits  mercury  to  flow  from  one  cell 
to  the  other.  To  permit  raising  the  upper  cell  to  the  desired  height,  this 
tube  has  three  joints  with  horizontal  axes,  referred  to  as  the  “shoulder,” 
“elbow,”  and  “wrist”  joints. 

Both  cells  are  supported  on  a  cast  iron  base  by  Hoke  gage  blocks  which 
are  end-standards  as  precise  as  the  better-known  Johansson  blocks,  but, 
being  square,  are  more  suitable  as  columns  for  supporting  the  cells.  The 
ends  of  these  blocks  are  accurately  parallel.  The  columns  of  blocks  are  18 
cm  apart  at  the  base.  One  block  is  fastened  securely  to  the  bottom  of  each 
cell  and  another  block  is  fastened  securely  to  the  base  at  the  bottom  of  each 
column.  The  two  blocks  under  the  lower  cell  are  seldom  moved  but  the 
intermediate  blocks  in  the  column  supporting  the  upper  cell  are  changed 
every  time  the  length  of  the  column  is  changed.  The  top  surface  of  the  sup¬ 
porting  block  for  the  upper  cell  was  carefully  leveled.  The  set  has  enough 
blocks  to  permit  a  column  of  blocks  to  be  selected  having  a  nominal  height 
of  any  desired  ten-thousandth  of  an  inch.  Blocks  of  this  type  can  be  wrung 
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together  with  a  separation  of  less  than  a  hundredth  of  a  micron.  In  14  years 
the  blocks  have  been  calibrated  a  few  times  at  the  National  Bureau  of 
Standards  and  none  has  changed  for  more  than  four  parts  in  a  million. 

Above  the  mercury  there  is  an  electrically  insulated  steel  plate  3.5  cm 
in  diameter  for  determining  the  height  of  the  mercury  in  the  cells.  The  elec¬ 
trostatic  capacitance  between  the  plate  and  the  mercury  is  part  of  the  capac¬ 
itance  in  one  of  the  two  circuits  of  a  beat  frequency  oscillator.  In  a  shielded 
chamber  above  the  cell  is  a  reference  capacitor  which  is  adjusted  so  that  its 
capacitance  is  equal  to  the  capacitance  between  the  plate  and  the  mercury 
for  the  desired  height  of  the  mercury.  A  pneumatic  mercury  switch  permits 
the  interchange  of  these  two  capacitors  in  a  few  seconds.  It  has  been  found 
convenient  to  have  the  spacing  of  the  mercury  from  the  plate  about  0.15 
mm.  At  that  height,  a  change  of  pressure  of  one  micron  changes  the  capaci¬ 
tance  by  0.2  /ujuf  which  changes  the  beat  frequency  by  60  cycles;  hence  the 
manometer  is  sensitive  to  much  less  than  0.1  micron  of  mercury  pressure. 

Ripples  are  always  present  on  the  surface  of  the  mercury  in  a  cell  of  this 
diameter  (7.3  cm)  at  any  place  within  the  National  Bureau  of  Standards. 
Their  wavelength  is  small  in  comparison  with  the  radius  of  the  plate  and  the 
effect  of  the  crests  of  ripples  compensates  for  that  of  the  troughs.  No  effect 
of  these  ripples  on  the  capacitance  is  noticeable  until  the  mercury  ap¬ 
proaches  to  within  0.1  mm  of  the  plate. 

It  is  obvious  that  temperature  control  is  important  not  only  for  the  length 
of  the  steel  blocks  but  especially  for  the  density  of  mercury.  The  combined 
effect  is  such  that  a  change  in  pressure  of  one  part  in  a  million  is  produced 
by  a  change  in  temperature  of  about  0.006°C.  To  provide  for  temperature 
control  the  manometer  is  mounted  on  a  low  pier  in  a  cellar  below  the  base¬ 
ment  floor  where  temperature  fluctuations  are  minimized.  The  cellar  is 
about  4.5  meters  deep,  4.3  meters  long  and  2.1  meters  wide.  The  manometer 
is  operated  by  remote  control.  The  air  is  circulated  in  the  cellar  and  the 
relative  humidity  reduced  below  50  per  cent  by  passing  it  over  refrigerated 
coils  and  reheating  it. 

At  the  base  of  the  manometer  a  platinum  resistance  thermometer  is 
placed  in  a  copper  block.  On  the  surface  of  this  block  are  placed  reference 
junctions  of  three  sets  of  multiple-junction  thermocouples  for  determining 
the  mean  temperature  of  three  different  parts  of  the  mercury  column.  There 
are  twelve  measuring  junctions  in  series  on  the  manometer  arm  from  the 
shoulder  to  the  wrist  joint,  six  junctions  on  the  tube  from  the  lower  cell 
down  to  the  shoulder  joint,  and  three  junctions  from  the  wrist  joint  up  to  the 
upper  cell.  These  provisions  make  it  possible  to  determine  the  mean  tem¬ 
perature  of  the  mercury  itself  and,  should  the  temperature  not  be  the  same 
on  the  tubes  to  the  upper  and  lower  cells,  the  difference  in  density  can  be 
accounted  for.  The  temperature  of  the  manometer  ordinarily  drifts  only  a 
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few  hundredths  of  a  degree  per  day.  This  rate  is  so  small  that  occasional 
measurements  taken  during  the  day  are  sufficient  for  corrections.  The  tem¬ 
perature  of  the  blocks  is  assumed  the  same  as  the  mean  temperature  of  the 
mercury. 

The  procedure  for  obtaining  the  desired  pressure  by  means  of  the  height 
of  mercury  column  is,  first,  to  determine  the  “zero  level,”  and  then  to  in¬ 
crease  the  height  of  the  upper  cell  by  the  height  of  the  desired  column. 
For  the  zero  level,  the  proper  blocks  can  be  found  and  the  reference  capaci¬ 
tance  made  equal  to  the  mercury  capacitance  on  each  cell  when  both  cells 
are  evacuated.  When  this  equality  of  capacitances  is  again  realized,  with 
pressure  in  the  lower  cell  and  with  the  upper  cell  still  evacuated,  the  height 
of  the  mercury  column  is  the  same  as  the  extra  height  of  blocks  added  to 
the  upper  cell  column. 

Since  the  two  columns  of  gage  blocks  are  spaced  18  cm  apart  it  is  im¬ 
portant  to  know  whether  they  maintain  their  relative  heights.  For  this 
reason  the  zero  level  of  the  manometer  has  been  followed  for  several  days 
before  and  after  the  time  when  the  manometer  is  used  at  one  atmosphere. 
Experience  shows  that  the  drift  in  zero  level  is  less  than  one  micron.  The 
effect  of  the  change  of  level  caused  by  the  extra  weight  of  30  inches  of 
gage  blocks  (about  3.4  kg)  was  determined  experimentally  and  found  to  be 
about  0.2  micron.  The  compression  of  the  30  inches  of  gage  blocks  by  half 
the  weight  of  these  blocks  and  by  the  weight  of  the  cell  with  its  mercury 
contents  was  found  to  be  about  0.3  micron.  These  effects  are  small  but  are 
accounted  for. 

To  control  the  pressure  of  the  helium  there  are  needle  valves  for  ad¬ 
mitting  or  removing  helium  from  the  lines.  Small  changes  in  the  helium 
pressure  are  controlled  by  a  piston  about  0.75  cm2  cross  section  area  which 
can  be  moved  in  or  out  of  a  small  chamber  in  the  helium  line  at  the  control 
bench,  4.5  meters  above  the  manometer.  The  piston  is  moved  by  a  screw 
of  such  pitch  that  one  turn  changes  the  volume  connected  to  the  helium 
line  by  about  one  part  in  a  million.  The  helium  pressure  may  be  affected 
by  small  drifts  in  the  temperature  of  the  70-liter  reservoir  or  by  larger  and 
more  rapid  changes  in  the  temperature  of  the  tubes  above  the  floor.  The 
pressure  changes  are  indicated  by  the  beat  frequency  oscillator  and  usually 
are  so  small  they  can  be  compensated  for  by  a  fraction  of  a  turn  of  the 
piston  screw.  Such  sensitive  control  of  pressure  enables  the  operator  to 
keep  the  pressure  controlled  to  within  a  part  in  a  million  for  as  long  a  time 
as  is  needed  for  thermometer  calibrations. 

Steam  Point  Boiler 

The  steam  point  apparatus  is  a  closed  system  with  helium  gas  trans¬ 
mitting  the  water  vapor  pressure  to  the  precision  manometer.  See  Fig.  5. 
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The  boiler  is  made  of  copper  heavily  tinned  on  the  inside  to  prevent  con¬ 
tamination  of  the  water.  It  is  made  of  a  tube  8.7  cm  in  diameter  and  40 
cm  long,  closed  at  the  ends.  There  are  six  reentrant  thermometer  well's  35 
cm  long  extending  from  the  top  cap  down  into  the  vapor  space.  These  wells 
are  of  various  diameters  of  thin-wall  copper-nickel  tubing  which  is  also 
tinned  on  the  surface  exposed  to  the  water.  These  wells  are  separated  where 
they  extend  through  the  top  but  at  the  bottom  they  are  as  close  together 
as  is  convenient  without  touching.  Surrounding  the  wells  is  a  conical  radia¬ 
tion  shield  of  tinned  copper  which  is  sufficiently  open  at  the  top  and  bottom 
for  free  passage  of  vapor  around  the  wells. 

At  the  bottom  of  the  boiler  there  is  a  reentrant  copper-nickel  heater  dome 
with  a  shallow  conical  cap  at  the  top.  Inside  this  dome  is  a  heater,  wound 
on  mica  on  a  copper  spool  which  is  enlarged  at  the  top  for  a  short  length 
for  soldering  into  the  reentrant  dome.  By  this  construction  most  of  the 
heating  power  is  supplied  in  a  zone  just  below  the  surface  of  the  water  in 
the  annular  space  at  the  bottom  of  the  boiler  surrounding  the  heater  dome. 
On  the  outside  of  the  heater  dome  is  a  single  layef  of  closely  spaced  vertical 
silver  wires  about  0.4  mm  in  diameter.  These  wires  are  bound  to  the  sur¬ 
face  with  three  horizontal  hoops  of  silver  wire.  The  vertical  silver  wires 
extend  from  the  bottom  of  the  dome  to  about  2  cm  above  the  top  of  the 
dome  and  there  the  ends  are  brought  together  in  a  bundle  around  the  axis. 
This  construction  was  adopted  for  the  purpose  of  holding  a  small  residual 
of  vapor  in  the  cusp-shaped  spaces  between  the  dome  and  the  wires,  to 
avoid  explosive  vaporization.  It  has  proven  most  effective. 

Below  the  radiation  shield  around  the  thermometer  wells  are  two  shal¬ 
low  conical  shields  which  serve  to  prevent  direct  radiation  from  the  walls 
to  the  outside  walls  of  the  boiler  and  also  serve  to  drain  condensed  water 
from  the  boiler  wall  to  the  axis  where  it  drips  onto  the  bundle  of  silver 
wires  at  the  top  of  the  dome.  By  this  construction  it  is  believed  that  these 
wires  are  kept  wet  continually  during  operation  and  there  are  no  exposed 
surfaces  at  temperatures  above  the  saturation  temperature. 

Since  the  temperature  of  the  boiler  is  about  75°  above  that,  of  the  room, 
considerable  heat  flows  out  through  the  boiler  wall.  This  heat  is  supplied 
on  the  inside  of  the  boiler  by  condensation  of  the  water  vapor  to  liquid 
which  flows  down  the  wall  in  a  film  computed  to  be  0.05  mm  thick.  As¬ 
suming  the  liquid-vapor  surface  to  be  at  the  saturation  temperature  there 
is  a  temperature  gradient  through  the  liquid  film  so  that  the  inside  wall  of 
the  boiler  is  probably  less  than  0.1  degree  below  the  saturation  temperature. 
Since  the  boiler  is  a  little  below  the  saturation  temperature,  the  radiation 
shield  radiates  a  small  amount  of  energy  to  the  boiler  most  of  which  it 
receives  by  condensation  of  vapor  on  both  its  inner  and  outer  wall  sur¬ 
faces.  The  radiation  shield,  therefore,  is  nearer  to  the  saturation  tempera- 


59/160 


PRECISION  RESISTANCE  THERMOMETRY 


ture  than  the  wall  of  the  boiler  is  by  a  factor  of  several  hundred.  The  wells, 
in  turn,  radiate  heat  to  the  radiation  shield;  but,  since  the  temperature  of 
the  radiation  shield  itself  is  very  near  the  saturation  temperature,  the 
wells  certainly  should  be  at  the  saturation  temperature  within  our  pre¬ 
cision  of  temperature  measurements.  Indeed,  computations  indicate  that 
there  might  have  been  sufficient  attenuation  by  the  wells  alone  but  the 
radiation  shields  provide  enough  more  attenuation  so  there  can  be  little 
chance  that  the  wells  containing  the  thermometers  are  at  a  temperature 
that  is  significantly  low. 

From  the  top  of  the  boiler  the  excess  vapor  flows  up  through  a  short 
tube,  about  1.8  cm  inside  diameter,  to  a  condenser  which  starts  above  the 
boiler.  The  condenser  is  cooled  by  ice-cold  water  first  flowing  in  a  core  on 
the  axis  and  then  in  a  water  jacket  on  the  outside  of  the  1.8-cm  tube.  The 
inner  and  outer  water-cooled  surfaces  are  about  3.7  cm  long.  This  construc¬ 
tion  provides  an  annular  space  with  a  radial  separation  of  about  0.4  cm  for 
the  vapor  to  flow  through  on  its  way  to  the  cold  walls  where  it  is  condensed 
to  liquid.  In  this  space  the  water  vapor  meets  helium  from  above.  The 
level  of  this  water-vapor  to  helium  interface  depends  on  the  amount  of 
excess  water  vapor  that  must  be  condensed.  The  area  over  which  conden¬ 
sation  is  taking  place  is  determined  by  the  temperature  of  the  metal,  the 
thickness  and  thermal  conductivity  of  the  liquid  film,  and  the  power  flow¬ 
ing  through  this  film.  The  liquid-vapor  surface  may  be  assumed  to  be  at 
the  saturation  temperature. 

Above  the  condenser,  the  helium  extends  up  in  a  tube  which  is  soldered 
to  the  incoming  cold  water  tube.  At  this  place  there  is  a  shut-off  valve. 
From  the  valve  the  helium  line  extends  in  a  0.5-cm  horizontal  tube  that  is 
soldered  to  a  copper  tray  for  dry  ice  (solid  CO2)  and  then  down  to  the 
manometer  and  a  70-liter  helium  reservoir  on  the  pier  in  the  cellar. 

The  radiation  shields  and  wells  in  the  boiler  provide  such  effective  pro¬ 
tection  against  a  temperature  that  is  too  low,  that  the  question  arose 
whether  or  not  the  wells  might  be  superheated  by  the  measuring  current 
in  the  thermometers  and  the  temperature  be  above  the  saturation  temper¬ 
ature.  To  test  this,  two  strips  of  silver  gauze  were  placed  so  that  one  drains 
the  liquid  from  the  axial  condenser  surface  to  the  surface  of  one  veil  and 
the  other  drains  the  liquid  from  the  outer  condenser  surface  to  another 
well.  Thermometers  interchanged  from  these  wells  to  wells  without  drain¬ 
ing  have,  so  far,  failed  to  indicate  any  difference  in  temperature  depending 
on  the  wells.  This  indicates  not  only  that  the  liquid  film  running  down  the 
wells  has  approached  the  saturation  temperature  but  also  that  no  super¬ 
heating  exists  on  the  other  wells. 

On  the  outside  the  boiler  is  insulated  by  two  coaxial  radiation  shields 
made  of  aluminum-coated  paper  and  these  are  enclosed  in  a  metal  cover. 
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This  construction  furnishes  enough  thermal  insulation  so  that  only  about 
70  watts  of  power  are  necessary  to  maintain  the  boiler  at  100°C.  The  power 
in  excess  of  70  watts  goes  to  maintaining  a  flow  of  vapor  into  the  con¬ 
denser  where  it  meets  the  helium.  It  is  common  practice  to  use  125  watts 
in  the  boiler  at  the  steam  point. 

Since  the  steam  point  is  defined  as  the  temperature  of  equilibrium  be¬ 
tween  liquid  and  its  vapor  at  1  atmosphere  pressure  it  is  necessary  to  de¬ 
termine  this  pressure  at  the  height  of  the  center  of  the  thermometer  coils 
when  they  are  in  the  wells.  The  accounting  for  pressure  considers  the  fluid 
heads  of  columns  of  water  vapor,  helium,  and  liquid  mercury  at  their  re¬ 
spective  temperatures  and' the  saturation  pressure  of  mercury  vapor  at 
the  upper  cell  temperature. 

Increasing  the  power  input  to  the  boiler  increases  the  flow  of  water 
vapor  into  the  condenser  and  raises  the  helium  because  more  surface  is 
required  for  condensation  of  the  water  vapor.  This  increases  the  pressure  a 
little  because  the  head  of  water  vapor  is  greater  than  that  of  helium.  The 
more  noticeable  change,  however,  is  the  volume  of  helium  which  must  be 
withdrawn  from  the  system  to  maintain  the  pressure  constant. 

Some  flow  into  the  condenser  is  necessary  to  oppose  diffusion  of  helium 
down  to  the  level  of  the  thermometer  coils.  Helium  near  the  thermometer 
wells  would  decrease  the  water-vapor  partial  pressure  and  hence  the  tem¬ 
perature.  It  is  for  this  reason  that  the  tube  to  the  condenser  is  not  large. 
The  fact  that  helium  is  lighter  than  water  vapor  is  favorable  for  avoiding 
convective  instability.  Too  great  ah  excess  of  power  can  be  undesirable, 
however,  because  it  increases  both  the  length  and  the  velocity  of  the  stream 
of  vapor  ascending  into  the  condenser.  This  increases  the  head  loss  due  to 
viscous  or  turbulent  flow.  Experience  shows,  however,  that  the  excess  power 
can  be  increased  by  100  watts  without  producing  any  significant  error  in 
the  determination  of  temperature  near  100°C.  It  is  not  until  low  pressure 
measurements  in  the  neighborhood  of  30°C  are  being  made  with  this  boiler 
that  these  effects  become  significant. 

Sulfur  Point  Boiler 

In  the  text  of  the  1927  International  Temperature  Scale10  the  recom¬ 
mended  experimental  procedure  for  the  sulfur  point  was  specified  in  con¬ 
siderable  detail.  At  that  time  the  precision  of  temperature  realization  at 
the  sulfur  point  was  considered  good  when  it  was  in  the  order  of  0.01°. 
Since  that  time  it  has  been  demonstrated  that  a  greater  precision  is  at¬ 
tainable  when  the  sulfur  boiler  is  connected  to  a  closed  system.  This  led  in 
1948  to  the  definition  of  the  sulfur  point  temperature  as  444.600°C,1  where 
the  last  figure  only  represents  the  degree  of  reproducibility  of  that  fixed 
point.  A  temperature  change  of  0.001°  at  the  sulfur  point  corresponds  to  a 
change  of  pressure  of  about  10  microns  of  mercury. 
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In  1951  a  closed-system  sulfur  boiler  was  completed  at  the  National 
Bureau  of  Standards  and  connected  to  the  precision  manometer.  In  the 
design  of  this  boiler  the  same  principles  were  used  that  proved  successful 
in  the  steam  boiler.  In  this  new  boiler  the  liquid  and  vapor  sulfur  are  ex¬ 
posed  only  to  2S  aluminum  (which  is  the  purest  commercial  grade).  The 
boiler  was  constructed  from  sheet  nearly  1  cm  thick.  It  is  45  cm  tall  and  13 
cm  in  inside  diameter.  The  entire  apparatus  was  welded  together  by  means 
of  an  inert-gas  arc  using  welding  rods  of  the  same  2S  aluminum. 

At  the  bottom  is  a  heater  dome  which  is  analogous  to  that  in  the  steam 
boiler.  This  dome  is  surrounded  by  a  single  layer  of  closely  spaced  vertical 
aluminum  wires,  1 .5  mm  in  diameter,  analogous  to  the  silver  wires  in  the 
steam  boiler.  These  also  are  effective  for  avoiding  explosive  vaporization. 
Heat  for  boiling  is  supplied  by  a  radiant  heater  which  has  a  nominal  rating 
of  660  watts  but  only  about  420  watts  are  normally  used.  On  the  boiler 
itself  is  wound  an  additional  heater  with  a  capacity  of  about  1000  watts 
which  aids  in  raising  the  temperature  of  the  boiler  and  contents  from  room 
temperature  to  near  the  sulfur  temperature  in  about  an  hour.  As  the  sul¬ 
fur  temperature  is  approached  the  power  in  thris  heater  is  reduced  until 
the  whole  load  can  be  taken  on  the  radiant  heater.  The  heat  conducted 
away  from  the  boiler  itself  is  about  380  watts  when  the  steady  state  has 
been  established. 

Ten  thermometer  wells  of  various  sizes  extend  down  from  the  top  into 
the  vapor  space.  The  axes  of  these  wells  approach  each  other  as  they  ex¬ 
tend  down  into  the  vapor  space  so  they  are  closest  together  at  the  level  of 
the  centers  of  the  thermometer  coils.  Stainless  steel  liners  0.25  mm  thick 
were  drawn  with  the  aluminum  tubing  for  the  thermometer  wells.  These 
liners  serve  not  only  to  stiffen  the  wells  but  also  to  prevent  the  aluminum 
from  rubbing  off  onto  the  protecting  tubes  of  the  thermometers  when 
they  are  hot. 

Between  these  wells  and  the  walls  of  the  boiler  are  two  cylindrical  radia¬ 
tion  shields;  at  the  top  there  are  four,  and  at  the  bottom  six  conical  radia¬ 
tion  shields  alternately  diverting  the  fluid  flow  to  and  away  from  the  axis 
yet  preventing  direct  radiation  away  from  the  wells.  These  shields  are 
spaced  not  less  than  9  mm  apart  which  should  be  ample  to  avoid  any 
significant  drop  in  pressure  of  the  vapor  as  it  enters  these  spaces.  As  it  was 
found  for  the  steam  boiler,  computations  indicate  that  one  less  shield  might 
have  been  sufficient,  so,  with  the  present  number  of  radiation  shields,  there 
is  little  chance  that  the  wells  containing  the  thermometers  are  at  a  tempera¬ 
ture  significantly  lower  than  the  saturation  temperature. 

On  the  axis  above  the  top  of  the  boiler  is  a  stack,  1.9  cm  inside  diameter, 
for  condensing  the  excess  of  sulfur  vapor.  In  all,  the  stack  extends  up  with 
this  diameter  nearly  18  cm  above  the  body  of  the  boiler.  For  about  9  cm 
above  the  top  of  the  boiler  the  stack  has  a  wall  thickness  of  only  about  1 
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mm.  Above  this  thin  section  is  welded  a  thick  section  on  which  is  turned  a 
cone  about  5.3  cm  long  with  a  taper  of  1  in  10  from  the  axis.  On  this  cone 
there  rests  a  sleeve  of  brass  to  which  are  soldered  several  turns  of  copper 
tubing  for  cooling  water.  Above  the  cooling  section  is  a  cap,  sealed  with  a 
Teflon  gasket,  from  which  a  tube  leads  away  to  the  manometer.  Down 
through  this  cap  there  also  extends  an  aluminum  tube,  about  4  mm  in 
diameter,  carrying  a  pair  of  thermoelement  wires  to  a  ring  of  aluminum 
within  the  thin  section  of  the  stack.  This  is  a  feeler  thermoelement  which 
serves  to  indicate  the  height  at  which  the  helium  meets  the  hot  sulfur  vapor 
during  the  operation  of  the  boiler.  Its  height  is  adjustable  but  it  is  usually 
kept  about  3  cm  below  the  thick  section  of  the  stack. 

It  may  seem  paradoxical  that  water  cooling  is  used  for  sulfur  which 
freezes  at  about  119°C.  The  hot  saturated  sulfur  vapor  at  1  atmosphere 
pressure,  however,  does  not  reach  the  thick  section  of  the  stack  which  is 
water  cooled  but  stops  at  the  level  where  the  heat  of  vaporization  has  all 
been  given  up  to  the  thin  wall  of  the  stack  at  temperatures  well  above  the 
freezing  point.  At  this  level  the  stack  temperature  differs  most  from  that 
of  the  saturated  vapor  so  the  rate  of  heat  flow  to  the  stack  is  a  maximum 
as  is  also  the  temperature  gradient  in  the  stack.  Above  this  level  there  is 
little  condensation  and  the  gradient  decreases  slightly  owing  to  the  loss  of 
heat  from  the  side  of  the  stack. 

Experiments  were  made  changing  the  power  input  into  the  boiler  to 
change  the  height  of  the  hot  saturated  vapor  in  the  stack.  Temperature 
•gradients  along  the  stack  were  determined  by  means  of  ten  thermocouples 
spaced  uniformily.  From  these  experiments  it  was  concluded  that  the 
height  of  the  top  of  the  hot  vapor  was  about  at  the  level  of  the  feeler  thermo¬ 
couple  in  the  stack  where  the  thermocouple  electromotive  force  increases 
most  rapidly  with  an  increase  in  vapor  height.  From  these  experiments  it 
also  was  concluded  that  viscous  flow  of  vapor  in  the  stack  caused  an  in¬ 
significant  loss  of  head,  as  it  was  found  for  the  steam  boiler. 

It  is  important  to  know  the  height  of  the  saturated  vapor  at  one  at¬ 
mosphere,  because,  according  to  the  values  used  at  the  Massachusetts  In¬ 
stitute  of  Technology,11  its  density  is  such  that  4.0  cm  of  vapor  head 
corresponds  to  a  change  of  saturation  temperature  of  0.001°.  Having  de¬ 
termined  the  height  of  the  hot  saturated  vapor  with  the  feeler  thermo¬ 
couple,  a  better  accounting  can  be  made  of  the  pressure  of  the  vapor  at 
the  height  of  the  thermometer  coils.  In  the  helium  above  the  top  of  the 
hot  vapor  the  stack  temperature  is  so  much  lower  than  the  sulfur  point 
that  the  cooler  saturated  sulfur  vapor  at  these  temperatures  contributes 
very  little  partial  pressure  head. 

The  stability  of  this  sulfur  boiler  has  brought  to  light  a  phenomenon 
which  heretofore  had  escaped  attention.  When  the  sulfur  is  started  to  boil, 
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after  a  period  of  rest,  the  temperature  is  observed  to  fall  for  a  period  of 
about  a  day.  The  temperature  then  approaches  constancy  at  about  a 
hundredth  of  a  degree  below  the  initial  temperature  and  has  been  found  to 
remain  there  for  periods  lasting  over  a  week.  On  account  of  this  phenom¬ 
enon  the  practice  is  to  delay  calibrations  in  the  sulfur  boiler  until  at  least 
a  day  after  the  boiling  is  begun. 

An  analysis  was  made  of  the  purity  of  the  sulfur  which  had  been  used 
for  sulfur  boilers.  It  was  found  to  contain  less  than  a  part  in  a  million  each 
of  selenium,  arsenic,  and  tellurium.  Mueller12  reported  that  one  part  in  a 
thousand  of  selenium  and  arsenic  added  to  the  sulfur  gave  a  combined 
raising  in  boiling  temperature  of  less  than  0.1°.  After  having  been  boiled 
the  sulfur  did,  however,  contain  about  140  parts  per  million  of  carbon, 
76  parts  per  million  of  nonvolatile  matter,  and  about  8  parts  per  million 
of  iron.  Sulfur  was  purified  by  T.  J.  Murphy  in  the  NBS  Chemistry  Divi¬ 
sion  and  the  resulting  sulfur  was  found  to  contain  2  parts  per  million  of 
carbon,  3  parts  per  million  of  nonvolatile  matter,  and  less  than  1  part  per 
million  of  iron.  When  this  purified  sulfur  was  used  in  the  sulfur  boiler  no 
changes  were  found  either  in  the  final  boiling  temperature  or  the  phenom¬ 
enon  of  falling  temperature.  The  practice  in  the  use  of  the  sulfur  boiler 
has  been  to  boil  a  new  batch  of  sulfur  for  several  hours  to  drive  off  gases 
and  then  to  cool  the  sulfur  in  order  to  evacuate  these  gases  before  starting 
the  boiling  for  calibration  work.  During  use  a  small  amount  of  helium  is  in 
the  boiler  stack  for  transmitting  the  pressure  out  to  the  manometer.  Be¬ 
tween  runs  this  helium  is  left  in  the  boiler.  Our  present  conclusion  is  that 
the  phenomenon  of  falling  temperature  is  not  a  result  of  impurities  in  the 
sulfur,  but  is  another  unsolved  problem  concerning  precision  thermometry. 

Oxygen  Point  Apparatus 

A  new  oxygen  boiling  point  apparatus  is  now  in  operation.  It  also  is 
connected  to  the  precision  manometer.  This  apparatus  uses  the  stable 
equilibrium  between  liquid  oxygen  and  its  vapor  rather  than  active  boiling 
as  in  the  steam  and  sulfur  boilers.  The  essential  part  of  this  apparatus  is  a 
copper  block  which  contains  an  oxygen  vapor-pressure  bulb  and  eight 
wells  for  resistance  thermometers.  In  operation  the  oxygen  bulb  contains  a 
few  drops  of  liquid  oxygen  in  equilibrium  with  vapor  near  the  position  of 
the  resistors  of  the  thermometers  being  calibrated.  Superheated  oxygen 
vapor  extends  from  the  saturated  oxygen  in  the  bulb  out  to  a  diaphragm 
cell  which  is  at  about  room  temperature.  The  diaphragm  transmits  the 
pressure  from  the  oxygen  to  the  helium  of  the  precision  manometer. 

The  copper  block  is  a  cylinder  about  7  cm  in  diameter  and  18  cm  tall. 
The  eight  wells  of  the  thermometers  extending  up  from  the  copper  block 
are  of  thin  copper-nickel  tubing  which  has  a  low  thermal  conductivity. 
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These  wells  lead  up  through  liquid  nitrogen  to  the  outside  of  the  apparatus 
near  room  temperature.  Above  the  copper  block  are  two  heat  interceptors 
soldered  to  the  wells.  In  thermal  contact  with  these  heat  interceptors  are 
copper  shields  which  surround  the  entire  copper  block. 

Outside  the  shields  is  a  brass  envelope  placed  in  a  bath  of  liquid  nitrogen 
which  boils  at  about  13°  below  the  oxygen  point.  The  brass  envelope  is 
evacuated  in  order  to  eliminate  heat  transfer  by  gaseous  conduction  from 
the  copper  block  and  the  surrounding  shields.  The  heat  interceptors  are 
heated  electrically  and  controlled  to  temperatures  close  to  that  of  the 
copper  block.  These  interceptors  serve  to  isolate  the  block  so  completely 
that  temperature  variations  do  not  exceed  0.001°  in  the  block  near  the 
thermometer  resistors.  For  the  initial  cooling  of  the  block  and  interceptors, 
tubes  are  soldered  to  them  so  that  liquid  nitrogen  from  the  bath  can  be 
admitted  through  a  valve  above  the  envelope.  The  vaporization  and  heat¬ 
ing  of  the  nitrogen  remove  energy  at  a  rate  which  makes  it  possible  to  cool 
the  apparatus  to  a  temperature  below  the  oxygen  point  in  about  2  hours. 

In  the  helium  line  from  the  precision  manometer  to  the  steam  and  sul¬ 
fur  bath  it  is  a  simple  matter  to  prevent  either  the  steam  or  sulfur  vapor 
from  reaching  the  manometer  by  the  use  of  dry  ice  to  cool  a  horizontal 
portion  of  the  transmitting  line.  For  the  oxygen  point  apparatus,  however, 
it  is  not  so  simple.  The  method  chosen  is  to  use  a  plane  metal  diaphragm 
about  60  microns  thick  which  separates  the  oxygen  from  the  helium  yet 
is  so  sensitive  and  so  reproducible  that  it  will  permit  the  determination  of 
the  oxygen  pressure  within  the  equivalent  of  0.0001°  in  its  saturation  tem¬ 
perature.  The  diaphragm  is  held  in  a  cell  with  walls  so  close  that  the  dia¬ 
phragm  is  supported  after  it  has  been  displaced  a  small  amount  by  pres¬ 
sure,  and  thus  the  support  prevents  the  diaphragm  from  being  strained 
beyond  its  elastic  limit. 

The  diaphragm  cell  is  made  of  stainless  steel  and  has  an  over-all  diam¬ 
eter  of  about  13  cm.  This  diameter  is  for  flanges,  which  extend  out  from 
each  of  two  central  supporting  walls  which  are  about  10.2  cm  in  diameter. 
The  diaphragm  is  held  between  these  supports  on  plane  areas  about  6  mm 
wide  near  the  5-em  radius.  Inside  this  supporting  surface  the  wall  is  ground, 
lapped,  and  polished  to  a.  spherical  concave  surface  having  a  radius  of 
curvature  of  about  15  meters.  On  the  helium  side  of  the  diaphragm  the  cell 
wall  has  a  central  electrically  insulated  island  about  4.5  cm  in  diameter 
which  is  used  for  determining  the  null  position  of  the  diaphragm.  This 
island  is  spaced  about  0.15  mm  from  the  main  wall.  The  insulation  is  an 
annular  sheet  of  Pyrex  glass  about  8  mm  thick  which  is  clamped  both  to 
the  island  and  to  the  body  of  the  cell.  The  insulator  was  used  to  hold  the 
island  in  place  when  the  cell  body  wall  was  being  made  spherical.  Sub¬ 
sequently  the  island  was  removed  for  cleaning  and  replaced  so  the  spherical 
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surface  of  the  island  was  continuous  with  that  of  the  body  wall  within  a 
fringe  of  light.  Between  the  flanges  there  is  a  recessed  space  for  a  pair  of 
clamping  rings,  each  about  13  cm  in  diameter  and  1  cm  thick,  which  clamp 
the  diaphragm  at  a  diameter  of  about  11  cm.  When  the  diaphragm  is 
clamped  in  its  rings,  it  is  laid  on  the  island  side  of  the  cell  and  drawn 
axially  toward  the  flange  by  means  of  screws.  This  stretches  the  diaphragm 
to  a  plane  in  a  manner  analogous  to  the  tuning  of  a  kettle  drum. 

The  center  of  the  diaphragm  is  about  70  microns  from  the  island  surface 
when  the  diaphragm  is  in  equilibrium.  The  difference  in  electrostatic  capaci¬ 
tance  between  that  of  a  reference  capacitor  and  that  of  the  island  to  the 
diaphragm  indicates  the  displacement  of  the  diaphragm  away  from  its 
equilibrium  position.  A  beat  frequency  oscillator  is  used  for  this  indication 
in  a  manner  analogous  to  that  for  the  precision  manometer. 

An  excess  of  pressure  on  one  side  forces  the  diaphragm  against  the  wall 
on  the  other  side  of  the  cell  and  further  excess  pressure  makes  little  change. 
When  the  excess  pressure  is  removed  the  diaphragm  returns  nearly  to  its 
original  position.  In  order  to  be  effective  for  a  precision  of  0.0001°,  the 
diaphragm  must  return  to  its  original  position  within  the  equivalent  of 
10  microns  of  mercury  pressure.  This  has  been  done  to  within  the  equiva¬ 
lent  of  a  few  microns  pressure  so  the  reproducibility  appears  adequate. 
The  diaphragm  cell,  however,  has  been  found  to  be  somewhat  sensitive  to 
temperature  changes  so  it  is  enclosed  inside  a  pair  of  thick-walled  alumi¬ 
num  boxes  with  the  outside  box  thermostatted  at  28°C. 

The  diameters  of  the  protecting  envelopes  of  the  thermometers  which 
must  be  calibrated  in  this  apparatus  differ  so  much  that  various  diameters 
of  wells  are  provided,  ranging  from  7.5  to  13  mm  in  diameter.  The  length 
of  the  wells  is  a  compromise  at  about  41  cm  long.  This  provides  sufficient 
immersion  for  most  thermometers  but  may  be  too  long  for  a  few  special 
thermometers  with  short  stems.  Since  the  boiling  point  of  oxygen  is  below 
that  of  some  of  the  gases  in  air,  such  as  carbon  dioxide  and  water  vapor 
which  are  present  in  small  quantities,  it  is  desirable  to  avoid  these  gases 
in  the  wells.  Provision  is  made,  therefore,  for  sealing  the  thermometers  in 
the  wells  by  means  of  rubber  sleeves  at  the  top,  evacuating  the  air,  and 
introducing  dry  helium  in  the  wells.  The  use  of  helium  in  the  wells  has  the 
added  advantage  that  helium  has  a  greater  thermal  conductivity  than  air 
and  hence  improves  the  thermal  contact  of  the  well  with  the  thermometer 
envelope. 

Conclusion 

In  conclusion  we  may  ask  how  far  we  have  come  in  precision  resistance 
thermometry  and  how  much  farther  we  may  expect  to  go  with  the  experi¬ 
mental  possibilities  that  are  known  to  us  now.  The  precision  of  resistance 
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thermometry  has  been  increased  by  the  attention  to  some  details  in  the 
technique  of  measurement  and  by  improved  designs  of  instruments.  It 
has  been  seen  that  the  present  triple  point  cells  and  the  boilers  for  realizing 
the  steam,  sulfur,  and  oxygen  points  make  it  possible  to  attain  an  accuracy 
that  is  comparable  to  that  indicated  in  the  text  of  the  International  Tem¬ 
perature  Scale.  These  accomplishments,  however,  yield  results  which  fall 
short  of  the  precision  in  resistance  thermometry  which  appears  to  be  possi¬ 
ble  before  it  is  limited  by  Johnson  noise. 
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Thermoelectric  Thermometry 

By  Wm.  F.  Roeser 

National  Bureau  of  Standards,  Washington,  D.  C. 

The  fundamental  laws  and  theories  of  thermoelectric  phe¬ 
nomena  and  their  historical  development  as  well  as  the  applica¬ 
tion  of  these  phenomena  to  the  measurement  of  temperature  are 
discussed  in  this  paper  in  considerable  detail.  Thermoelectric 
thermometry,  with  particular  regard  to  types  of  thermocouples, 
protection  of  thermocouples,  fundamental  considerations  in  tem¬ 


perature  measurements,  etc.  are 
tical  standpoint. 


/.  Introduction 

TUDY  in  the  field  of  thermoelectricity  began 
in  1821  with  the  discovery  of  Seebeck1  that 
an  electric  current  flows  continuously  in  a  closed 
circuit  of  two  dissimilar  metals  when  the  junc¬ 
tions  of  the  metals  are  maintained  at  different 
temperatures.  In  the  early  investigations  of 
thermoelectric  effects  the  results  were  expressed 
more  qualitatively  (in  terms  of  the  direction  of 
the  current  flowing  in  a  closed  circuit)  than 
quantitatively,  because  the  relations  between  the 
measurable  quantities  in  an  electric  circuit  were 
not  well  known  at  the  time.f 

II.  Fundamental  Laws 

As  a  result  of  a  large  number  of  investigations 
of  thermoelectric  circuits  in  which  accurate 
measurements  were  made  of  the  electromotive 
force,  current,  and  resistance,  several  “established 
facts”  or  “laws”  have  been  formulated.  These 
facts  or  laws,  variously  stated  in  different  ways 
and  combinations  and  sometimes  consolidated 
into  a  general  statement  of  the  phenomenon 
discovered  by  Seebeck,  can  be  reduced  to  three 
fundamentals : 

(1)  The  law  of  the  homogeneous  circuit 

(2)  The  law  of  intermediate  metals 

(3)  The  law  of  successive  or  intermediate 

temperatures. 

*  Presented  at  the  American  Institute  of  Physics  Sym¬ 
posium  on  Temperature,  Its  Measurement  and  Control  in 
Science  and  Industry,  November  4,  1939. 

f  The  relation  between  the  current  and  potential  differ¬ 
ence  in  an  electric  circuit  was  first  clearly  stated  by  G.  S. 
Ohm  in  1826.  Schweigger’s  J.  46,  137  (1826), 


treated  primarily  from  the  prac- 


The  latter  two  may  be  arrived  at  by  applying  the 
laws  of  thermodynamics  to  the  thermoelectric 
circuit,  but  the  fundamental  experimental  fact 
regarding  a  homogeneous  circuit,  which  enters 
into  all  measurements  of  temperature  by  thermo¬ 
electric  methods,  cannot  be  derived  from  such 
considerations.  The  law  of  the  homogeneous 
circuit  is  incorporated  into  most  statements  of 
the  law  of  intermediate  metals.  In  any  case  all  of 
these  facts  or  laws,  as  stated  below  and  used  in 
the  measurement  of  temperatures,  have  been 
established  experimentally  beyond  a  reasonable 
doubt  and  in  order  that  temperatures  may  be 
measured  by  this  method  the  laws  must  be 
accepted  in  spite  of  any  lack  of  rigor  that  may 
appear  in  any  of  the  thermodynamic  derivations 
given  here  or  elsewhere. 

The  discussion  will  be  simplified  by  defining  a 
few  terms  at  this  point.  It  will  be  considered  that 
all  the  metals  comprising  a  thermoelectric  circuit 
are  solids  unless  otherwise  stated. 

A  pair  of  electrical  conductors  so  joined  as  to 
produce  a'  thermal  e.m.f.  when  the  junctions  are 
at  different  temperatures  is  known  as  a  thermo¬ 
couple.  The  resultant  e.m.f.  developed  by  the 
thermocouples  generally  used  for  measuring 
temperatures  ranges  from  1  to  7  millivolts  when 
the  temperature  difference  between  the  junctions 
is  100°C. 

If  in  a  simple  thermoelectric  circuit,  Fig.  1,  the 
current  flows  from  metal  A  to  metal  B  at  the 
colder  junction,  A  is  generally  referred  to  as 
thermoelectrically  positive  to  B.  In  determining 
or  expressing  the  e.m.f.  of  a  thermocouple  as  a 
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function  of  the  temperature,  one  junction  is 
maintained  at  some  constant  reference  tempera¬ 
ture,  such  as  0°C,  and  the  other  is  at  the  temper¬ 
ature  corresponding  to  the  e.m.f.  In  the  present 
paper,  the  order  in  which  the  metals  are  named 
and  the  sign  of  the  numerical  value  of  the  e.m.f. 
will  be  used  to  indicate  which  of  the  metals  is 


A 


B 

Fig.  1.  Simple  thermoelectric  circuit. 


positive  to  the  other  at  the  junction  which  is  at 
the  reference  temperature.  For  example,  if,  in 
Fig.  1,  T\  is  the  reference  temperature  and  the 
current  flows  in  the  direction  indicated,  the 
e.m.f.  of  thermocouple  AB  will  be  positive,  and 
the  e.m.f.  of  thermocouple  BA  will  be  negative. 

1.  The  Law  of  the  Homogeneous  Circuit 

An  electric  current  cannot  be  sustained  in  a 
circuit  of  a  single  homogeneous  metal ,  however 
varying  in  section ,  by  the  application  of  heat 
alone.  As  far  as  we  know  this  principle  has  not 
been  derived  theoretically.  It  has  been  claimed 
from  certain  types  of  experiments  that  a  nonsym- 
metrical  temperature  gradient  in  a  homogeneous 
wire  gives  rise  to  a  galvanometrically  measurable 
thermoelectric  e.m.f.  However,  the  overwhelming 
weight  of  evidence  indicates  that  any  e.m.f. 
observed  in  such  a  circuit  is  to  be  attributed  to 
the  effects  of  local  inhomogeneities.  As  a  matter 
of  fact,  at  the  present  time  any  current  detected 
in  such  a  circuit  when  the  wire  is  heated  in  any 
way  whatever,  is  taken  as  evidence  that  the  wire 
is  inhomogeneous.  The  more  important  of  a  large 
number  of  investigations  of  this  subject  are 
adequately  discussed  by  Foote  and  Harrison.2 

In  the  present  paper,  we  accept,  as  an  experi¬ 
mental  fact,  the  general  statement  that  the 
algebraic  sum  of  the  electromotive  forces  in  a 
circuit  of  a  single  homogeneous  metal  however 
varying  in  section  and  temperature  is  zero.  As  a 
consequence  of  this  fact,  if  one  junction  of  two 
dissimilar  homogeneous  metals  is  maintained  at  a 
temperature  T\  and  the  other  junction  at  a 
temperature  7k,  the  thermal  e.m.f.  developed  is 


independent  of  the  temperature  gradient  and 
distribution  along  the  wires. 

2.  Law  of  Intermediate  Metals 

This  law  is  stated  in  one  of  several  ways,  and 
although  the  statements  may  appear  quite 
different,  they  are  really  equivalent  with  the 
exception  that  the  law  of  the  homogeneous 
circuit  is  included  in  some  of  the  statements.  One 
statement  of  this  law  is:  The  algebraic  sum  of  the 
thermoelectromotive  forces  in  a  circuit  composed  of 
any  number  of  dissimilar  metals  is  zero,  if  all  of  the 
circuit  is  at  a  uniform  temperature.  This  law 
follows  as  a  direct  consequence  of  the  second  law 
of  thermodynamics,  because  if  the  sum  of' the 
thermoelectromotive  forces  in  such  a  circuit  were 
not  zero,  a  current  would  flow  in  the  circuit.  If  a 
current  should  flow  in  the  circuit,  some  parts  of  it 
would  be  heated  and  other  parts  cooled,  which 
would  mean  that  heat  was  being  transferred  from 
a  lower  to  a  higher  temperature  without  the 
application  of  external  work.  Such  a  process  is  a 
contradiction  of  the  second  law  of  thermo¬ 
dynamics  and  therefore  we  conclude  that  the 
algebraic  sum  of  the  thermoelectromotive  forces 
is  zero  in  such  a  circuit. 

Combining  this  law  with  that  for  a  homo¬ 
geneous  circuit,  it  is  seen  that  in  any  circuit,  if 
the  individual  metals  between  junctions  are 
homogeneous,  the  sum  of  the  thermal  electro¬ 
motive  forces  will  be  zero  provided  only  that  the 
junctions  of  the  metals  are  all  at  the  same 
temperature. 

Another  way  of  stating  the  law  of  intermediate 
metals  is : 

If  in  any  circuit  of  solid  conductors  the  tempera¬ 
ture  is  uniform  from  any  point  P  through  all  the 
conducting  matter  to  a  point  Q,  the  algebraic  sum  of 
the  thermoelectromotive  forces  in  the  entire  circuit 
is  totally  independent  of  this  intermediate  matter 
and  is  the  same  as  if  P  and  Q  were  put  in  contact. 
Thus  it  is  seen  that  a  device  for  measuring  the 
thermoelectromotive  force  may  be  introduced 
into  a  circuit  at  any  point  without  altering  the 
resultant  e.m.f.  provided  that  the  junctions 
which  are  added  to  the  circuit  by  introducing  the 
device  are  all  at  the  same  temperature.  It  is  also 
obvious  that  the  e.m.f.  in  a  thermoelectric  circuit 
is  independent  of  the  method  employed  in 
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forming  the  junction  as  long  as  all  of  the  junction 
is  at  a  uniform  temperature,  and  the  two  wires 
make  good  electrical  contact  at  the  junction, 
such  as  is  obtained  by  welding  or  soldering. 

A  third  way  of  stating  the  law  of  intermediate 
metals  is : 

The  thermal  e.m.f.  generated  by  any  thermocouple 
AB  with  its  junctions  at  any  two  temperatures  Tff 
and  T2,  is  the  algebraic  sum  of  the  e.m.f.  of  a 
thermocouple  composed  of  A  and  any  metal  C  and 
that  of  one  composed  of  C  and  B .  both  with  their 
junctions  at  Ti  and  T2  or  EAb  =  EAc-\-ECb- 

From  this  statement  of  the  law  it  is  seen  that 
if  the  thermal  e.m.f.  of  each  of  the  metals 
A,  B,  C,  D,  etc.  against  some  reference  metal  is 
known,  then  the  e.m.f.  of  any  combination  of 
these  metals  can  be  obtained  by  taking  the 
algebraic  differences  of  the  e.m.f.’s  of  each  of  the 
metals  against  the  reference  metal.  Investigators 
tabulating  thermoelectric  data  have  employed 
various  reference  metals  such  as  mercury,  lead, 
copper,  and  platinum.  At  present  it  is  customary 
to  use  platinum  because  of  its  high  melting 
point,  stability,  reproducibility,  and  freedom 
from  transformation  points. 

3.  Law  of  Successive  or  Intermediate 
Temperatures 

The  thermal  e.m.f.  developed  by  any  thermocouple 
of  homogeneous  metals  with  its  junctions  at  any  two 
temperatures  Iff  and  Tz  is  the  algebraic  sum  of  the 
e.m.f.  of  the  thermocouple  with  one  junction  at  T i 
and  the  other  at  any  other  temperature  To  and  the 
e.m.f.  of  the  same  thermocouple  with  its  junctions 
at  T2  and  TV  Considering  the  thermocouple  as  a 
reversible  heat  engine  and  applying  the  laws  of 
thermodynamics  to  the  circuit,  it  will  be  shown 
in  the  next  section  that 

J  .  7’ 3 

<t>d  T, 

Ti 

from  which  it  follows  that 

T~  rT> 

<pd  7  T  I  pd  1 . 

i  Jr2 

This  law  is  frequently  invoked  in  the  cali¬ 
bration  of  thermocouples  and  in  the  use  of 


thermocouples  for  measuring  temperatures.  It 
will  be  discussed  in  detail  in  Section  IV. 

The  above  are  all  the  fundamental  laws  re¬ 
quired  in  the  measurement  of  temperatures  with 
thermocouples.  They  may  be  and  frequently  are 
combined  and  stated  as  follows :  The  algebraic 
sum  of  the  thermoelectromotive  forces  generated 
in  any  given  circuit  containing  any  number  of 
dissimilar  homogeneous  metals  is  a  function  only 
of  the  temperatures  of  the  junctions.  It  is  seen 
then  that  if  all  but  one  of  the  junctions  of  such  a 
given  circuit  are  maintained  at  some  constant 
reference  temperature,  the  e.m.f.  developed  in 
the  circuit  is  a  function  of  the  temperature  of 
that  junction  only.  Therefore,  by  the  proper 
calibration  of  such  a  device,  it  may  be  used  to 
measure  temperatures. 

It  should  be  pointed  out  here  that  none  of  the 
fundamental  laws  of  thermoelectric  circuits  which 
make  it  possible  to  utilize  thermocouples  in  the 
measurement  of  temperatures,  depends  upon  any 
assumption  whatever  regarding  the  mechanism 
of  interconversion  of  heat  and  electrical  energy, 
the  location  of  the  e.m.f.’s  in  the  circuit,  or 
the  manner  in  which  the  e.m.f.  varies  with 
temperature. 

III.  Historical  Investigation  and  Theory 

Although  a  knowledge  of  the  location  of  the 
electromotive  forces  in  a  thermoelectric  circuit 
and  the  mechanism  by  which  heat  is  converted 
into  electrical  energy,  is  not  required  in  order  to 
measure  temperatures  with  thermocouples,  any 
information  available  on  these  subjects  may  be 
used  advantageously  in  studying  the  charac¬ 
teristics  of  thermocouples  and  their  behavior 
during  use.  Various  theoretical  and  experimental 
investigations  of  thermoelectric  circuits  give  us 
the  location  of  the  electromotive  forces  in  such  a 
circuit,  and  the  relation  between  these  electro¬ 
motive  forces,  but  they  have  not  yielded  a 
satisfactory  explanation  of  the  mechanism  by 
which  heat  is  converted  into  electrical  energy  or 
of  the  manner  in  which  the  electromotive 
force  varies  with  temperature,  except  empirical 
relations. 

In  1834  Peltier3  found  that  when  a  current  is 
passed  across  the  junction  of  two  dissimilar 
metals  in  one  direction  heat  is  absorbed  and  the 
junction  cooled,  and  that  when  the  current  is 
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passed  in  the  opposite  direction  the  junction  is 
heated.  Peltier  and  others  observed  that  for  a 
given  current  the  rate  of  absorption  or  liberation 
of  heat  at  the  junction  of  two  dissimilar  metals 
depends  upon  the  thermoelectric  power  ( dE/dt ) 
of  the  two  metals  and  is  independent  of  the  form 
and  dimensions  of  the  metals  at  the  junction.  In 
1853  Quintus  Icilius4  showed  that  the  rate  at 
which  heat  is  absorbed  or  generated  at  a  junction 
of  two  dissimilar  metals  is  proportional  to  the 
current.  This  heating  or  cooling  effect  discovered 
by  Peltier  should  not  be  confused  with  the 
Joule  heating  effect  which,  being  proportional 
to  the  electrical  resistance  and  to  the  square  of 
the  current,  depends  upon  the  dimensions  of  the 
conductor  and  does  not  change  sign  when  the 
current  is  reversed. 

Inasmuch  as  heat  is  absorbed  when  a  current 
flows  up  a  potential  gradient  and  heat  generated 
when  the  current  flows  down  a  potential  gradient, 
the  heating  or  cooling  effect  at  a  junction  of  two 
dissimilar  metals  (being  proportional  to  the 
current)  is  evidence  that  the  junction  is  the  seat 
of  an  electromotive  force.  If  we  let  P  be  the  rate 
at  which  heat  (in  joules  per  second  or  in  watts) 
is  generated  or  absorbed  when  a  current  of  one 
ampere  flows  across  a  junction,  then  P  is  the 
Peltier  coefficient  of  the  junction  (in  watts  per 
ampere)  or  more  simply  the  Peltier  e.m.f.  (in 
volts).  The  direction  and  magnitude  of  this 
e.m.f.  depend  upon  the  metals  which  form  the 
junctions  and  upon  the  temperature. 

In  1851,  W.  Thomson5  (later  Lord  Kelvin) 
concluded  from  thermodynamic  reasoning  and 
the  then  known  characteristics  of  thermocouples, 
that  the  reversible  absorption  of  heat  at  the 
junctions  of  dissimilar  metals  was  not  the  only 
reversible  heat  effect  in  a  thermoelectric  circuit. 
In  brief  he  reasoned  as  follows  : 

(1)  Assuming  that  the  Peltier  e.m.f. ’s  repre¬ 
sent  the  only  reversible  effects  in  a  simple 
thermoelectric  circuit,  the  resultant  e.m.f.  E  in 
the  circuit  is  given  by 

e=p2-p1 ,  (1) 

where  Pi  is  the  Peltier  e.m.f.  of  the  junction 
which  is  at  temperature  T i  and  P2  is  the  Peltier 
e.m.f.  of  the  junction  which  is  at  temperature  T 2. 

(2)  Neglecting  the  effect  of  thermal  con¬ 
duction  (an  irreversible  process)  and  considering 


the  thermocouple  as  a  reversible  heat  engine 
with  a  source  at  the  temperature  T2  in  degrees 
Kelvin  and  a  sink  at  the  temperature  7\,  we 
have  as  a  consequence  of  the  second  law  of 
thermodynamics 


P2/T2-Pi/T1  =  0 

(2) 

or 

(P2-Pi)/Pi  =  (T2-Ti)/Ti, 

(3) 

which  combined  with  (1)  gives 

frl 

II 

ba 

to 

1 

(4) 

It  would  follow  therefore  that  if  one  junction 
were  maintained  at  a  constant  temperature  T i,  Pi 
would  be  constant,  and  the  e.m.f.  E  would  be 
proportional  to  (T2—T\).  It  had  been  definitely 
shown  by  a  number  of  investigators  that  E  was 
not  proportional  to  (T2  —  Ti).  Thomson  therefore 
concluded  that  the  Peltier  effects  were  not  the 
only  reversible  heat  effects  in  such  a  circuit  and 
that  there  must  be  a  reversible  absorption  of  heat 
due  to  the  flow  of  current  through  that  part  of  the 
conductors  in  which  there  is  a  temperature 
gradient. 

In  1854  Thomson6  succeeded  in  showing  ex¬ 
perimentally  that  in  certain  homogeneous  metals, 
heat  is  absorbed  when  an  electric  current  flows 
from  colder  to  hotter  parts  of  the  metal  and  heat 
is  generated  when  the  current  flows  from  the 
hotter  to  colder  parts.  In  certain  other  metals 
the  opposite  of  this  effect  occurs,  that  is,  heat  is 
absorbed  when  an  electric  current  flows  from  the 
hotter  to  colder  parts,  and  in  still  other  metals, 
the  effect  is  too  small  to  be  detected  by  the 
methods  used.  This  heating  or  cooling  effect, 
called  the  Thomson  effect,  being  reversible  and 
occurring  only  where  there  is  a  temperature 
gradient  in  a  metal,  is  entirely  distinct  from  the 
irreversible  Joule  heating. 

The  reversible  absorption  of  heat  in  a  homo¬ 
geneous  conductor  has  the  same  effect  as  if  an 
electromotive  force  existed  in  the  temperature 
gradient.  The  direction  and  magnitude  of  this 
e.m.f.  between  any  two  points  depend  upon  the 
metal,  the  temperature,  and  the  temperature 
difference  between  the  two  points.  If  in  any 
metal  we  let  <j  equal  the  rate  at  which  heat  is 
absorbed  or  generated  per  unit  difference  of 
temperature  when  a  current  of  one  ampere  flows, 
then  the  total  e.m.f.  between  any  two  points  at 
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temperatures  T\  and  T*  is  given  by 


or  in  the  limit 


In  a  simple  thermoelectric  circuit  of  two  metals 
A  and  B,  Fig.  2,  there  exist  then  four  separate 
and  distinct  electromotive  forces,  the  Peltier 
e.m.f.’s  at  the  two  junctions  and  the  Thomson 
e.m.f.’s  along  that  part  of  each  wire  which  lies  in 
the  temperature  gradient.  The  only  e.m.f.  that 
can  be  measured  as  such  in  this  circuit  is  the 
resultant  e.m.f.  The  identity  of  the  individual 
e.m.f.’s  can  only  be  established  by  observations 


o-aat 


B 


Fig.  ?.  The  location  of  the  electromotive  forces  in  a 
thermoelectric  circuit. 

of  the  reversible  heat  effects.  The  Thomson 
e.m.f.  will  be  considered  positive  if  heat  is 
generated  when  the  current  flows  from  the 
hotter  to  colder  parts  of  the  conductor  and 
negative  if  the  reverse  occurs. 

Thomson  took  into  consideration  the  reversible 
heat  effects  in  the  temperature  gradient  of  the 
conductors,  (Thomson  effects),  as  well  as  those 
at  the  junctions,  (Peltier  effects),  and  applied  the 
laws  of  thermodynamics  to  the  thermoelectric 
circuit.  A  complete  discussion  of  this  application 
together  with  the  hypothesis  involved  is  given  in 
the  original  paper  by  Thomson.7 

Consider  a  simple  thermoelectric  circuit  of  two 
metals  A  and  B,  Fig.  2  and  let  P  and  E  +  AP  be 
the  Peltier  e.m.f.’s  of  the  junctions  at  tempera¬ 
ture  T and  P+APin  degrees  Kelvin,  respectively, 
and  let  aA  and  an  be  the  Thomson  e.m.f.’s  per 
degree  along  conductors  A  and  B ,  respectively. 
Let  the  metals  and  temperatures  be  such  that  the 
e.m.f.’s  are  in  the  directions  indicated  by  the 
arrows.  The  resultant  e.m.f.  A E  in  the  circuit  is 
given  by 

AP  —  PA-  A-P  —  P  +  a  a  AT—  an  AT,  (5) 

A-E  =  AP  +  (a  a  —  an)  AT,  (6) 


dE/dT  =  dP/dT+(aA-aB).  (7) 

By  virtue  of  the  second  law  of  thermodynamics 
ZQ/T  —  0,  for  a  reversible  process.  If  then  we 
regard  the  thermocouple  as  a  reversible  heat 
engine  and  pass  a  unit  charge  of  electricity  q 
around  the  circuit,  we  obtain  by  considering  only 
the  reversible  effects* 


g(P  +  AP)  qP  qaAAT  qaBAT 


P  +  AP  P  A  P  A  P 

P+ —  PH — 

2  2 


-0, 


(8) 


*  The  following  quotations  are  from  the  paper  by  \Y. 
Thomson. 

“•  •  -The  following  proposition  is  therefore  assumed  as  a 
fundamental  hypothesis  in  the  Theory  at  present  laid 
before  the  Royal  Society. 

“The  electro-motive  forces  produced  by  inequalities  of 
temperature  in  a  circuit  of  different  metals,  and  the  thermal 
effects  of  electric  currents  circulating  in  it,  are  subject  to 
the  laws  which  would  follow  from  the  general  principles  of 
the  dynamical  theory  of  heat  if  there  were  no  conduction  of 
heat  from  one  part  of  the  circuit  to  another. 

“In  adopting  this  hypothesis,  it  must  be  distinctly  under¬ 
stood  that  it  is  only  a  hypothesis,  and  that,  however  probable 
it  may  appear,  experimental  evidence  in  the  special  phe¬ 
nomena  of  thermo-electricity  is  quite  necessary  to  prove  it. 
Not  only  are  the  conditions  prescribed  in  the  second  Law 
of  the  Dynamical  Theory  not  completely  fulfilled,  but  the 
part  of  the  agency  which  does  fulfill  them  is  in  all  known 
circumstances  of  thermo-electric  currents  excessively  small 
in  proportion  to  the  agency  inseparably  accompanying  it 
and  essentially  violating  those  conditions.  Thus,  if  the 
current  be  of  the  full  strength  which  the  thermal  electro¬ 
motor  alone  can  sustain  against  the  resistance  in  the  circuit, 
the  whole  mechanical  energy  of  the  thermo-electric  action 
is  at  once  spent  in  generating  heat  in  the  conductor; — an 
essentially  irreversible  process.  The  whole  thermal  agency 
immediately  concerned  in  the  current,  even  in  this  case 
when  the  current  is  at  the  strongest,  is  (from  all  we  know 
of  the  magnitude  of  the  thermo-electric  force  and  absorp¬ 
tions  and  evolutions  of  heat)  probably  very  small  in  com¬ 
parison  with  the  transference  of  heat  from  hot  to  cold  by 
ordinary  conduction  through  the  metal  of  the  circuit.  .  .  . 
It  is  true,  we  may,  as  has  been  shown  above,  diminish  with¬ 
out  limit  the  waste  of  energy  by  frictional  generation  of  heat 
in  the  circuit,  by  using  an  engine  to  do  work  and  react 
against  the  thermal  electromotive  force;  but  as  we  have  also 
seen,  this  can  only  be  done  by  keeping  the  strength  of  the 
current  very  small  compared  with  what  it  would  be  if  al¬ 
lowed  to  waste  all  the  energy  of  the  electromotive  force 
on  the  frictional  generation  of  heat;  and  it  therefore  re¬ 
quires  a  very  slow  use  of  the  thermo-electric  action.  At  the 
same  time,  it  does  not  in  any  degree  restrain  the  dissipation 
of  energy  by  conduction,  which  is  always  going  on,  and 
which  will  therefore  bear  an  even  much  greater  proportion 
to  the  thermal  agency  electrically  spent  than  in  the  case  in 
which  the  latter  was  supposed  to  be  unrestrained  by  the 
operation  of  the  engine.  By  far  the  greater  part  of  the  heat 
taken  in  at  all,  then,  in  any  thermo-electric  arrangement, 
is  essentially  dissipated,  and  there  would  be  no  violation  of 
the  great  natural  law  expressed  in  Carnot’s  principle,  if  the 
small  part  of  the  whole  action,  which  is  reversible,  gave 
different,  even  an  enormously  different,  and  either  a  greater 
or  a  less,  proportion  of  heat  converted  into  work  to  heat 
taken  in,  than  that  law  requires  in  all  completely  reversible 
processes.  ...” 
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which  may  be  written 
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(9) 


or  in  the  limit 

d  /P 


or 


- ( - ^  H - (<? A  —  V b)  —  o 

dT\T )  T 

aA-aB  =  P/T-dP/dT. 


(10) 


(11) 


Eliminating  {<rA  —  crB)  between  (7)  and  (11)  we 
have 

P=  TdE'dT. 


Substituting  (12)  in  (10)  we  have 
_  (aA-aB)  =  Td2E/dT2. 
From  (12)  it  is  seen  that 

>  T  p  „T 


E=  f  — dT  =  f 
•J  T'  P  J  t> 


<t>dT , 


(12) 

(13) 

(14) 


which  is  the  expression  referred  to  earlier. 

The  Peltier  e.m.f.  at  the  junction  of  any  two 
dissimilar  metals  at  any  temperature  can  be 
calculated  from  Eq.  (12)  and  measurements  of 
the  variation  of  the  thermal  e.m.f.  with  tempera¬ 
ture.  The  magnitude  of  the  e.m.f.  existing  at  the 
junction  of  two  dissimilar  metals  ranges  from  0  to 
about  0.1  volt  for  the  metals  generally  used  in 
temperature  measurements. 

Although  the  thermoelectric  theory  as  de¬ 
veloped  above  does  not  enable  us  to  determine 
directly  the  magnitude  of  the  Thomson  coeffi¬ 
cient  in  any  individual  metal,  the  difference 
between  the  Thomson  coefficients  in  two  metals 
can  be  calculated  from  Eq.  (13)  and  measure¬ 
ments  of  the  variation  in  thermal  e.m.f.  with 
temperature.  Various  types  of  experiments  indi¬ 
cate  that  the  Thomson  effect  in  lead  is  extremely 
small,  if  not  zero,  at  ordinary  atmospheric 
temperatures.  Consequently  some  information 
regarding  the  magnitude  of  the  Thomson  coeffi¬ 
cients  in  other  metals  at  these  temperatures  can 
be  determined  if  it  is  assumed  that  this  coefficient 
is  zero  for  lead.  On  this  basis  it  is  found  that 
the  Thomson  coefficient  at  0°C  in  microvolts  per 
°C  is  —9  for  platinum,  —8  for  iron,  +2  for 


copper,  —23  for  constantan,|  —8  for  Alumebf 
—  2  for  90  platinum  —10  rhodium, j  and  +9  for 
Chromel-P.f 

In  order  to  justify  the  assumption  involved  in 
the  application  of  the  second  law  of  thermo¬ 
dynamics,  it  is  necessary  and  sufficient  to  verify 
experimentally  the  relation 

P=  TdE/dT  (12) 

or 

-  (a A  -  <tb)=  Td2E/d  T2.  (13) 

Inasmuch  as  the  individual  e.m.f. ’s  cannot  be 
measured  as  such,  we  must  depend  upon  calori¬ 
metric  measurements  of  the  heating  and  cooling 
effects.  In  order  to  measure  these  small  reversible 
effects,  it  is  necessary  to  separate  them  from  the 
much  larger  irreversible  Joule  heating  and  the 
thermal  conduction  which  take  place  in  any 
experiment  of  this  nature.  Practically  all  of  the 
experimental  work  on  this  subject  has  been  on 
the  relation  given  by  Eq.  (12)  because  the 
reversible  heating  effects  involved  in  it  are  in 
general  much  larger  and  more  localized  than 
those  in  Eq.  (13). 

The  most  carefully  conducted  experiments 
particularly  those  of  Edlund,8  Jahn,9  Caswell,10 
and  Borelius11  indicate  that  the  above  relations 
hold  within  the  accuracy  of  the  measurements, 
about  5  to  10  percent.  As  far  as  we  know,  there  is 
no  evidence  available  which  would  indicate  that 
the  above  relations  are  not  exact. 

We  cannot  integrate  Eq.  (12)  or  (13)  and 
obtain  a  general  relation  between  E  and  T, 
without  some  information  on  the  manner  in 
which  P  or  a  varies  with  T.  Experiments  indicate 
that  P  and  a  both  depend  upon  T  but  the 
manner  in  which  they  vary  with  T  has  not  been 
established  either  theoretically  or  experimentally 
with  any  degree  of  accuracy. 

A  number  of  hypotheses  have  been  made  as  to 
the  manner  in  which  a  varies  with  the  tempera¬ 
ture  and  Eq.  (13)  then  integrated,  but  in  each 
case  it  has  been  found  that  the  type  of  equation 
so  obtained  represents  the  experimentally  de¬ 
termined  values  of  E  and  T  only  over  limited 
temperature  ranges.  Consequently  the  relation 
between  E  and  T  for  any  pair  of  metals  must  be 
determined  experimentally  and  corresponding 

f  Alloys  used  in  the  measurement  of  temperatures. 
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values  given  by  tables  or  empirical  relations  for 
limited  temperature  ranges. 

Later  theories  of  thermoelectricity  may  be 
divided  into  two  general  classes:  (1)  those  in 
which  attempts  are  made  to  avoid  the  hypothesis 
made  by  Thomson,  and  (2)  those  in  which  the 


Fig.  3.  Simple  thermoelectric  thermometer. 


theory  as  developed  by  Thomson  is  accepted  as 
far  as  it  goes,  and  attempts  are  made  to  derive  a 
reversible  mechanism  or  process  for  converting 
heat  into  electrical  energy  by  the  application  of 
the  electron  theories  of  metals.  The  theories  in 
the  first  general  class  have  added  little,  if 
anything,  to  our  knowledge  of  thermoelectricity. 
The  assumptions  involved  in  most  of  these 
appear  more  objectionable  than  the  one  made  by 
Thomson.  The  relations  derived  between  the 
quantities  involved  are  either  equivalent  to  or 
less  useful  than  those  derived  by  Thomson. 

The  existence  of  the  Peltier  and  Thomson 
e.m.f.’s  in  a  thermoelectric  circuit  may  be 
deduced,  qualitatively  at  least,  from  the  electron 
theories  of  metals,  but  the  uncertainties  in  the 
quantities  invoked  are  so  large  that  we  cannot 
determine  whether  the  theories  are  in  agreement 
with  experimental  data  or  not.  The  most  that  can 
be  claimed  for  the  more  complete  of  these 
theories  at  the  present  time,  is  that  they  give  the 
order  of  magnitude  of  the  various  effects  for 
certain  metals. 

IV.  Tltermoelectric  Thermometers 

A  thermoelectric  thermometer  is  a  device  for 
measuring  temperatures  by  utilizing  the  thermo¬ 
electric  effects.  In  its  simplest  form,  it  consists  of 
a  thermocouple  of  two  dissimilar  metals  which 
develop  an  e.m.f.  when  the  junctions  are  at 
different  temperatures  and  an  instrument  for 


measuring  the  e.m.f.  developed  by  the  thermo¬ 
couple,  connected  together  as  shown  in  Fig.  3. 

As  long  as  the  instrument  is  at  essentially  a 
uniform  temperature,  all  the  junctions  in  the 
instrument  including  the  terminals,  will  be  at  the 
same  temperature,  and  the  resultant  thermal 
e.m.f.  developed  in  the  circuit  is  not  modified  by 
including  the  instrument.  If  the  reference  junc¬ 
tion  is  maintained  at  some  reference  temperature, 
such  as  0°C,  the  e.m.f.  developed  by  the  thermo¬ 
couple  can  be  determined  as  a  function  of  the 
temperature  of  the  measuring  junction.  The 
device  can  then  be  used  for  measuring  tempera¬ 
tures.  It  is  not  necessary  to  maintain  the  refer¬ 
ence  junction  at  the  same  temperature  during 
use  as  during  calibration.  However,  the  tempera¬ 
ture  of  the  reference  junction  in  each  case  must 
be  known.  For  example,  let  the  curve  in  Fig.  4  be 
the  relation  between  the  e.m.f.  E  and  temper¬ 
ature  t  for  a  particular  thermocouple  with  the 
reference  junction  at  0°C.  Suppose  the  device  is 
used  to  measure  some  temperature  and  an  e.m.f. 
Ez  is  observed  when  the  reference  junction  is  at 
30°C.  We  may  add  the  observed  e.m.f.  Ex  to  E3 {) 
(the  e.m.f.  given  by  the  thermocouple  when  one 
junction  is  at  0  and  the  other  at  30°C)  and 
obtain  from  the  curve  the  true  temperature  tA  of 
the  measuring  junction.  Certain  types  of  instru¬ 
ments  which  are  used  with  thermocouples  in  the 
manner  shown  in  Fig.  3  are  such  that  they  can  be 
adjusted  manually  for  changes  in  the  reference 

E 


1'iG.  4.  Illustrating  how  corrections  may  be  applied  for 
variations  in  the  temperature  of  the  reference  junction. 


junction  temperature  and  the  e.m.f.  EA  read 
directly  on  the  instrument. 

Inasmuch  as  the  curves  giving  the  relation 
between  e.m.f.  and  temperature  are  not,  in 
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general,  straight  lines,  equal  increments  of 
temperature  do  not  correspond  to  equal  incre¬ 
ments  of  e.m.f. 

In  many  cases  the  thermocouple  is  connected 
to  the  instrument  by  means  of  copper  leads  as 
shown  in  Fig.  5. 

If  the  junctions  C  and  C'  are  maintained  at  the 
same  temperature,  which  is  usually  the  case,  the 
circuit  shown  in  Fig.  5  is  equivalent  to  that  shown 
in  Fig.  3.  If  the  junctions  C  and  C1  are  not 
maintained  at  the  same  temperature  the  resultant 
thermal  e.m.f.  in  the  circuit  will  depend  not  only 
upon  the  thermocouple  materials  and  the  temper¬ 
ature  of  the  measuring  junction  but  also  upon 
the  temperatures  of  these  junctions  and  the 
thermoelectric  properties  of  copper  against  each 
of  the  individual  wires.  Such  a  condition  should 
be  and  usually  is  avoided. 

Circuits  such  as  shown  in  Figs.  3  and  5  are  used 
extensively  in  laboratory  work  where  it  is  usually 
convenient  to  maintain  the  reference  junctions 
either  at  0°C  by  placing  them  in  a  thermos 
bottle  filled  with  cracked  or  shaved  ice  and 
distilled  water  or  at  some  other  conveniently 
controlled  temperature. 

In  most  commercial  installations  where  it  is 
not  convenient  to  maintain  the  reference  junc¬ 
tions  at  some  constant  temperature,  each  thermo¬ 
couple  wire  is  connected  to  the  instrument  with  a 
lead  of  essentially  the  same  chemical  composition 
and  thermoelectric  characteristics  as  the  thermo¬ 
couple  wire,  in  the  manner  shown  in  Fig.  6.  This 
is  equivalent  to  using  a  thermocouple  with  the 
reference  junctions  at  the  instrument  terminals. 
Leads  which  have  the  same  thermoelectric 
characteristics  as  the  thermocouple  wires  are 


Fig.  5.  Diagram  for  thermoelectric  thermometer  with  cop¬ 
per  leads  for  connecting  thermocouple  to  instrument. 


called  extension  leads.  In  most  installations  of 
this  nature  the  instrument  is  equipped  with  an 
automatic  reference  junction  compensator  which 
automatically  changes  the  indication  of  the 


Fig.  6.  Thermoelectric  thermometer  with  extension  leads. 


instrument  to  compensate  for  changes  in  the 
temperature  of  the  reference  junctions,  thus 
eliminating  the  necessity  of  measuring  or  con¬ 
trolling  the  reference  junction  temperature.  Such 
automatic  devices  are  usually  part  of  the  instru¬ 
ment  and  in  such  cases  the  reference  junctions 
should  be  located  in  or  at  the  instrument  or  at 
some  point  which  is  at  the  same  temperature  as 
the  instrument. 

In  some  cases  where  expensive  thermocouple 
wires  are  used,  extension  lead  wires  of  less 
expensive  materials  are  available  which  give 
practically  the  same  temperature-e.m.f.  relation 
as  the  thermocouple  over  a  limited  temperature 
range,  usually  0  to  100°C.  Although  the  com¬ 
bined  leads  give  practically  the  same  tempera¬ 
ture-e.m.f.  relation  as  the  thermocouple  wires, 
the  individual  lead  wires  are  not  identical 
thermoelectricallv  with  the  thermocouple  wires 
to  which  they  are  attached  and  therefore  the  two 
junctions  where  the  leads  are  attached  to  the 
thermocouples  (C  and  C'  in  Fig.  6)  should  be 
kept  at  the  same  temperature.  This  is  not 
necessary  in  the  case  of  thermocouples  where 
each  lead  and  thermocouple  wire  to  which  it  is 
attached  are  of  the  same  material. 

V.  Types  of  Thermocouples 

Although  a  thermal  e.m.f.  is  developed  when 
the  junctions  of  any  two  dissimilar  metals  are 
maintained  at  different  temperatures,  only  cer¬ 
tain  combinations  of  metals  have  been  found 
suitable  for  use  as  thermocouples  in  the  measure¬ 
ment  of  temperatures.  Obviously  these  thermo¬ 
couples  must  be  such  that : 

(1)  The  thermal  e.m.f.  increases  continuously 
with  increasing  temperature  over  the  tempera¬ 
ture  range  in  which  the  thermocouple  is  to  be 
used. 
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(2)  The  thermal  e.m.f.  is  great  enough  to  be 
measured  with  a  reasonable  accuracy. 

(3)  Their  thermoelectric  characteristics  are 
not  appreciably  altered  during  calibration  and 
use  either  by  internal  changes  such  as  recrystal¬ 
lization  or  by  contamination  from  action  of 
surrounding  materials. 

(4)  They  are  resistant  to  any  action  such  as 
oxidation,  corrosion,  etc.  which  destroys  the 
wire. 

(5)  The  melting  points  of  the  metals  used 
must  be  above  any  temperature  at  which  the 
thermocouple  is  to  be  used. 

(6)  The  metals  are  reproducible  and  readily 
obtainable  in  uniform  quality. 

The  combinations  of  metals  and  alloys  ex¬ 
tensively  used  as  thermocouples  for  the  measure¬ 
ment  of  temperatures  in  this  country,  are  listed 
in  Table  I,  together  with  the  temperature  ranges 
in  which  they  are  generally  used  and  the  maxi¬ 
mum  temperature  at  which  they  can  be  used  for 
short  periods.  The  period  of  usefulness  of  a 
thermocouple  depends  upon  such  factors  as  the 
temperature,  diameter  of  wires,  accuracy  re¬ 
quired,  conditions  under  which  it  is  used,  etc. 

There  are  two  types*  of  platinum  to  platinum- 
rhodium  thermocouples  used  in  this  country,  the 
platinum  to  90  platinum- 10  rhodium  and  the 
platinum  to  87  platinum-13  rhodium.  These 
thermocouples  develop,  at  high  temperatures,  10 
to  14  microvolts  per  °C  as  compared  to  40  to  55 
for  the  other  thermocouples  listed  in  Table  I. 
The  platinum  to  platinum-rhodium  thermo¬ 
couples  at  temperatures  from  about  400  to 
1600°C  being  more  stable  than  any  other  combi¬ 

*  Neither  one  of  these  thermocouples  has  any  distinct 
advantage  over  the  other.  For  several  years  prior  to  1922, 
there  were  two  classes  of  supposedly  platinum  to  90  plati¬ 
num-10  rhodium  thermocouples  available  which  differed 
in  thermoelectric  properties  by  about  10  percent.  It  was 
found  that  one  of  these  contained  a  large  percentage  of 
impurities  and  that  the  removal  of  these  impurities  elim¬ 
inated  one  class  of  platinum  to  90  platinum-10  rhodium 
thermocouples.  However,  the  scales  of  a  large  number  of 
instruments  had  been  graduated  to  read  temperatures  di¬ 
rectly  with  these  impure  thermocouples  and  in  order  to 
provide  thermocouples  which  would  give  approximately 
correct  readings  with  these  instruments  the  manufacturers 
supplied  platinum  to  87  platinum-13  rhodium  thermo¬ 
couples,  which  were  found  to  give  roughly  the  same  tem- 
perature-e.m.f.  relation  as  the  “impure  10  percent  rhodium 
thermocouple.”  New  instruments  were  graduated  to  read 
temperatures  directly  with  these  new  thermocouples  and 
consequently  more  thermocouples  were  required.  This  has 
gone  on  and  now  this  type  of  thermocouple  is  considered 
unavoidable. 


nation  of  metals,  are  used  (1)  for  defining  the 
International  Temperature  Scale  from  660°C  to 
the  freezing  point  of  gold,  1063°C  (only  the 
platinum  to  90  platinum- 10  rhodium  thermo¬ 
couple  is  used  for  this  purpose),  (2)  for  very 
accurate  temperature  measurements  from  400  to 
1500°C,  and  (3)  for  temperature  measurements 
where  the  lower  melting  point  materials  cannot 
be  used.  They  are  not  suitable  for  temperature 
measurements  below  0°C  because  the  thermo¬ 
electric  power  ( dE/dT )  is  only  about  5  microvolts 
per  °C  at  0°C  and  decreases  to  zero  at  about 
—  138°C. 

The  nominal  composition  of  the  Chromel-P 
alloy  is  90  percent  nickel  and  10  percent  chro¬ 
mium.  Alumel  contains  approximately  95  percent 
nickel,  with  aluminum,  silicon,  and  manganese 
making  up  the  other  5  percent.  Chromel-P- 
Alumel  thermocouples,  being  more  resistant  to 
oxidation  than  the  other  base  metal  thermo¬ 
couples  listed  in  Table  I,  are  generally  more 
satisfactory  than  the  other  base  metal  thermo¬ 
couples  for  temperature  measurements  from 
about  650  to  1200°C  (1200  to  2200°F).  The  life  of 
a  No.  8  gage  (0.128")  Chromel-P-Alumel  thermo¬ 
couple  is  about  1000  hours  in  air  at  about 
1 150°C  (2100°F). 

Constantan  was  originally  the  name  applied  to 
copper-nickel  alloys  with  a  very  small  tempera¬ 
ture  coefficient  of  resistance  but  it  now  has 
become  a  general  name  which  covers  a  group  of 
alloys  containing  60  to  45  percent  of  copper  and 
40  to  55  percent  of  nickel  (with  or  without  small 
percentages  of  manganese,  iron,  and  carbon) 
because  all  the  alloys  in  this  range  of  composition 
have  a  more  or  less  negligible  temperature 
coefficient  of  resistance.  Constantan  thus  includes 
the  alloys  made  in  this  country  under  such  trade 
names  as  Advance  (Ideal),  Copel,  Copnic, 
Cupron,  etc.,  most  of  which  contain  approxi¬ 
mately  55  percent  of  copper  and  45  percent  of 
nickel. 

Iron-constantan  thermocouples  give  a  slightly 
higher  e.m.f.  than  the  other  base  metal  thermo¬ 
couples  in  Table  I.  They  are  extensively  used  at 
temperatures  below  about  760°C  (1400T).  The 
life  of  a  No.  8  gage  iron-constantan  thermocouple 
is  about  1000  hours  in  air  at  about  760°C 
(1400°F). 
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Copper-constantan  thermocouples  are  gener¬ 
ally  used  for  accurate  temperature  measurements 
below  about  350°C  (660°F).  They  are  not 
suitable  for  much  higher  temperatures  in  air 
because  of  the  oxidation  of  the  copper. 

Combinations  of  metals  other  than  those  listed 
in  Table  I  are  sometimes  used  for  special 
purposes.  As  examples,  at  temperatures  above 
—  200°C  (  —  300°F)  Chromel-P-constantan  gives 
a  thermal  e.m.f.  per  degree  somewhat  greater 
than  that  of  any  of  the  thermocouples  listed  in 
Table  1  and  is  sometimes  used  when  the  greater 
e.m.f.  is  required.  Graphite  to  silicon  carbide  has 
been  recommended12  for  temperatures  up  to 
1800°C  (3300°F)  and  for  certain  applications  in 
steel  plants. 

VI.  Reproducibility  of  Thermocouples 

One  of  the  first  requirements  of  thermoelectric 
pyrometers  for  general  industrial  use  is  that  the 
scales  of  the  instruments  shall  be  graduated  to 
read  temperature  directly.  Although  the  indi¬ 
cations  of  the  measuring  instruments  used  with 
thermocouples  depend  upon  the  resultant  e.m.f. 
developed  in  the  circuit,  the  scale  of  the  instru¬ 
ment  can  be  graduated  in  degrees  of  temperature 
by  incorporating  a  definite  temperature-e.m.f. 
relation  into  the  graduation  of  the  scale.  The 
temperature  can  then  be  read  directly  if  the 
temperature-e.m.f.  relation  of  the  thermocouple 
is  identical  with  that  incorporated  in  the  scale  of 
the  instrument. 

All  the  thermocouples  which  have  the  same 
nominal  composition  do  not  give  identical  rela¬ 
tions  between  e.m.f.  and  temperature.  As  a 
matter  of  fact,  in  most  cases,  two  samples  of 
metal  which  are  identical  as  far  as  can  be  de¬ 
termined  by  chemical  methods,  are  not  identical 
thermoelectricallv.  This  is  due  in  part,  to  the  fact 
that  the  thermoelectric  properties  of  a  metal 


depend  to  some  extent  upon  the  physical  con¬ 
dition  of  the  metal. 

It  is  not  practicable  to  calibrate  the  scale  of  an 
instrument  in  accordance  with  the  temperature- 
e.m.f.  relation  of  a  particular  thermocouple  and 
to  change  the  scale  each  time  the  thermocouple  is 
replaced.  Consequently  the  scales  of  such  instru¬ 
ments  are  calibrated  in  accordance  with  a  par¬ 
ticular  temperature-e.m.f.  relation  which  is 
considered  representative  of  the  type  of  thermo¬ 
couple,  and  new  thermocouples  are  purchased  or 
selected  to  approximate  the  particular  tempera¬ 
ture-e.m.f.  relation 

If  the  temperature-e.m.f.  relations  of  various 
thermocouples  of  the  same  type  are  not  very 
nearly  the  same,  corrections  must  be  applied  to 
the  readings  of  the  indicator,  and  the  corrections 
will  be  different  for  each  thermocouple.  When 
several  thermocouples  are  operated  with  one 
indicator,  and  when  thermocouples  are  frequently 
renewed,  the  application  of  these  corrections 
becomes  very  troublesome.  For  extreme  accuracy 
it  is  always  necessary  to  apply  such  corrections, 
but  for  most  industrial  processes,  thermocouples 
can  be  manufactured  or  selected  with  tempera¬ 
ture-e.m.f.  relations  which  are  so  nearly  the  same 
that  the  corrections  become  negligibly  small. 

The  accuracy  with  which  the  various  types  of 
thermocouple  materials  can  be  selected  and 
matched  to  give  a  particular  temperature-e.m.f. 
relation,  depends  upon  the  materials  and  the 
degree  to  which  the  temperature-e.m.f.  relation  is 
characteristic  of  the  materials  available.  The 
differences  in  the  temperature-e.m.f.  relations  of 
the  new  platinum  to  platinum-rhodium  thermo¬ 
couples  available  in  this  country  rarely  exceed  4 
to  5°C  at  temperatures  up  to  1200°C.  Conse¬ 
quently,  there  is  no  difficulty  in  selecting  a 
relation  between  e.m.f.  and  temperature  which  is 
adequately  characteristic  of  these  thermocouples. 
The  temperature-e.m.f.  relations  used  in  this 


Table  I.  Types  of  thermocouples  and,  temperature  ranges  in  which  they  are  used. 


Type  of  Thermocouple 

Usual  Temperature  Range 

Maximum  T 

FM  PER A TURKS 

°C 

°F 

°C 

°F 

Platinum  to  platinum  rhodium 

0  to  1450 

0  to  2650 

1700 

3100 

Chromel-P  to  Alumel 

-  200  to  1 200 

-300  to  2200 

1350 

2450 

Iron  to  constantan 

-  200  to  750 

-300  to  1400 

1000 

1800 

Copper  to  constantan 

-  200  to  350 

—  300  to  650 

600 

1100 
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country  for  platinum  to  platinum-rhodium 
thermocouples  are  such  that  new  thermocouples 
which  yield  these  relations  within  2  or  3°C  up 
to  1200°C  are  readily  available. 

The  differences  in  the  temperature-e.m.f.  rela¬ 
tions  of  base  metal  thermocouples  of  any  one  type 
are  so  large  that  the  selection  of  a  temperature- 
e.m.f.  relation  which  might  be  considered  charac¬ 
teristic  of  the  type  of  thermocouple  is  difficult 
and  more  or  less  arbitrary.  The  relations  generally 
used  for  some  of  these  thermocouples  by  some 
manufacturers  have  been  changed  from  time  to 
time  because  of  differences  introduced  in  the 
thermoelectric  properties  of  the  materials  by 
variations  in  raw  materials  and  methods  of 
manufacture.  However,  the  relations  in  use  at  the 
present  time  are  such  that  materials  can  generally 
be  selected  and  matched  to  yield  the  adopted 
relations  with  an  accuracy  of  about  ±3°C  up  to 
400°C  and  to  ±f  percent  at  higher  temperatures. 
In  special  cases,  materials  may  be  selected  to 
yield  the  adopted  relations  within  2  or  3°C  for 
limited  temperature  ranges. 

VII.  Temperature-E.M.F.  Relations 

Corresponding  values  of  temperature  and  e.m.f. 
which  are  considered  characteristic  of  the  various 
types  of  thermocouples  are  given  in  Table  II. 
More  detailed  tables  will  be  found  in  the  refer¬ 
ences  given  in  the  table.  As  far  as  we  know  the 
corresponding  values  given  for  platinum  to  90 
platinum- 10  rhodium,  platinum  to  87  platinum- 
13  rhodium,  and  Chromel-P-Alumel  thermo¬ 
couples  are  more  or  less  standard  and  are  the  only 
ones  used  in  this  country  for  these  types  of 
thermocouples.  The  temperature-e.m.f.  relation 
of  Chromel-P-Alumel  thermocouples  has  been 
fairly  well  controlled  because  these  materials  are 
manufactured  primarily  with  controlled  thermo¬ 
electric  properties  for  thermocouples  by  only  one 
company. 

The  values  for  iron-constantan  headed  A  were 
determined  at  the  National  Bureau  of  Standards 
a  few  years  ago  as  being  characteristic  of  the  iron 
and  constantan  generally  available  at  that  time. 
The  values  for  iron-constantan  headed  B  have 
been  used  by  certain  pyrometer  manufacturers 
for  a  number  of  years  and  presumably  are 
characteristic  of  the  materials  available  at  the 
time  the  corresponding  values  were  determined. 


Owing  to  the  differences  in  the  thermoelectric 
properties  of  different  lots  of  iron  and  constantan, 
materials  must  be  selected  and  properly  matched 
in  order  to  obtain  a  thermocouple  which  will 
approximate  a  selected  temperature-e.m.f.  rela¬ 
tion  for  this  type  of  thermocouple. 

Until  recent  years  copper-constantan  thermo¬ 
couples  were  used  primarily  for  accurate  measure¬ 
ments  at  temperatures  below  about  350°C,  and 
in  such  cases  it  is  customary  to  calibrate  each 
thermocouple  or  lot  of  wire  and  use  an  instrument 
calibrated  in  millivolts.  However,  in  recent  years, 
there  has  been  an  increasing  demand  for  direct 
reading  instruments  for  use  with  copper-con¬ 
stantan  thermocouples.  There  are  large  differ¬ 
ences  in  the  temperature-e.m.f.  relations  of 
copper-constantan  thermocouples  and  conse¬ 
quently  the  materials  must  be  selected  in  order  to 
obtain  thermocouples  which  will  yield  any 
specified  temperature-e.m.f.  relation.  No  diffi¬ 
culty  has  been  encountered  in  obtaining  thermo¬ 
couples  which  will  give  very  closely  the  tempera¬ 
ture-e.m.f.  relation  in  Table  II. 

J  III.  Instruments 

Instruments  used  to  measure  the  e.m.f.  de¬ 
veloped  by  thermocouples  or  to  indicate  the 


Table  II.  Corresponding  values  of  tmperature  and  e.m.f.  for 
various  types  of  thermocouples. 


CL 

ui 

H 

90  Pt-10  Rh  TO 
Platinum1  mv 

O 

H  > 

c  PI 

T 

00  cu 

O 

^  > 

%  ~ 

cc  Zi 

U< 

Iron  to 
Constantan 

Copper  to 

Constantan5  mv 

.43 

MV 

B * 

MV 

-200 

—  5.75 

-8.27 

-5.539 

-100 

-3.49 

-4.82 

-3.349 

0 

0.000 

0.000 

0.00 

0.00 

0.00 

0.000 

+100 

0.643 

0.646 

+4.10 

+5.40 

+5.28 

+4.276 

200 

1 .436 

1  464 

8.13 

10.99 

10.78 

9.285 

.WO 

2.315 

2.394 

12.21 

16.56 

16.30 

14.859 

400 

3.250 

3.398 

16.39 

22.07 

21 .82 

20.865 

500 

4.219 

4.454 

20.64 

27.58 

27.39 

600 

5.222 

5.561 

24.90 

33.27 

33.16 

700 

6.260 

6.720 

29.14 

39.30 

39.19 

800 

7.330 

7.927 

33.31 

45.72 

45.48 

900 

8.434 

9.177 

37.36 

52.29 

5 1 .82 

1000 

9.569 

10.470 

41.31 

58.22 

58.16 

1  100 

10.736 

1  1  .81  1 

45.14 

64.50 

1  200 

1  1 .924 

13.181 

48.85 

1300 

13.120 

14.562 

52.41 

1400 

14.312 

15.940 

55.81 

1  500 

15.498 

1  7.316 

1 600 

16.674 

18.679 

1  700 

17.841 

20.032 

'  Nat.  Bur.  Stand.  J.  Research  10,  275  (1933),  R.P.  530. 

2  Nat.  Bur.  Stand.  J.  Research  14,  239  (1935).  R.P.  767. 

3  Nat.  Bur.  Stand  J.  Research  20.  337  (1938),  R.P.  1080. 

4  Catalogs.  Leeds  &  Northrup  Co.  and  Brown  Instrument  Co. 

5  Fyrometry,  (Symposium  published  by  Am.  Inst.  Mining  Met. 
Engrs.  1920),  p.  165.  Int.  Crit.  Tab.  1.  58  (1926).  Nat.  Bur.  Stand.  J. 
Research  20.  337  (1938),  R.P.  1080. 
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temperature  of  the  measuring  junction  of  a 
thermocouple  may  be  divided  into  two  general 
classes:  (1)  Those  operating  upon  the  galvano- 
metric  principle  such  as  ordinary  millivoltmeters; 
and  (2)  those  operating  upon  the  potentiometric 
principle.  At  one  time  there  was  considerable 
interest  in  a  class  of  instruments  which  operate 
upon  a  combination  of  the  galvanometric  and 
potentiometric  principles  but  at  the  present  time 
there  appears  to  be  no  place  or  demand  for  such 
instruments. 


Millivoltmeters 

A  millivoltmeter  consists  of  a  coil  of  wire 
suspended  between  the  poles  of  a  permanent 
magnet  so  that  the  coil  is  free  to  move.  A  pointer 
is  attached  to  the  coil  and  moves  over  a  scale 
graduated  in  millivolts  or  in  degrees.  Leads  from 
the  thermocouple  are  connected  to  the  terminals 
of  the  coil  usually  through  a  series  resistance,  and 
the  e.m.f.  generated  in  the  thermocouple  circuit 
sends  a  current  through  the  coil,  causing  it  to 
deflect  in  the  magnetic  field.  The  magnitude  of 
the  deflection  depends  upon  the  current  through 
the  coil  which  in  turn  depends  on  the  e.m.f. 
generated  by  the  thermocouple  and  the  resistance 
of  the  circuit. 

The  current  /  in  the  circuit  is  given  by 


because  the  design  of  a  millivoltmeter  for  any 
particular  service  is  a  compromise  between 
sensitivity  and  ruggedness,  which  to  a  large 
extent  determines  the  resistance.  Millivoltmeters 
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Fig.  7.  Diagram  of  a  potentiometer  circuit. 


with  a  resistance  of  much  over  600  ohms  become 
extremely  delicate  and  cannot  be  used  in  many 
locations.  In  order  to  obtain  the  ruggedness 
required  it  is  necessary  in  some  instances  to  make 
Rg  as  low  as  12  or  15  ohms.  This  means  that 
variations  in  the  resistance  of  the  circuit  have  an 
appreciable  effect  upon  the  indications  of  the 
instrument.  Owing  to  these  inherent  sources  of 
error,  millivoltmeters  are  not  very  extensively 
used  at  the  present  time. 


Potentiometers 


I=E/(Rg+Rx), 

where  E  is  the  resultant  e.m.f.  in  the  circuit,  R0 
the  resistance  of  the  millivoltmeter,  and  Rx  the 
resistance  of  the  thermocouple  and  leads.  The 
potential  difference,  Eg ,  across  the  terminals  of 
the  instrument  is  given  by 

R. 

Eg  = - E. 

R,j+Rx 

Millivoltmeters  are  ordinarily  calibrated  to  indi¬ 
cate  E  correctly  when  connected  to  a  thermo¬ 
couple  and  leads  of  combined  resistance  Rx.  Any 
change  then  in  either  Rg  or  Rz  causes  a  change  in 
the  indications  of  the  instrument.  Inasmuch  as 
instruments  are  frequently  used  with  more  than 
one  thermocouple  and  inasmuch  as  Rx  varies 
with  the  temperature  and  the  amount  of  the  wire 
heated,  it  is  desirable  to  make  R„  large  compared 
to  Rx  or  at  least  to  variations  in  Rx.  However, 
this  cannot  be  accomplished  in  most  instances 


The  fundamental  principle  of  the  potentiometer 
may  be  seen  by  referring  to  Fig.  7.  The  current 
from  a  service  cell  which  may  be  a  dry  cell  or  a 
storage  cell,  passes  through  the  main  circuit 
composed  of  a  series  of  fixed  resistors  and  can  be 
adjusted  by  a  variable  rheostat.  The  relative 
values  of  the  fixed  resistors  and  the  magnitude 
of  the  current  determine  the  range  of  the 
instrument.  By  means  of  a  switch  either  the 
standard  cell  or  the  thermocouple  can  be  con¬ 
nected  to  the  main  circuit  and  its  voltage 
balanced,  through  a  galvanometer,  against  an 
equal  voltage  drop  developed  in  a  portion  of  the 
main  circuit.  The  potential  drop  across  the 
various  fixed  resistors  is  made  to  correspond  to 
definite  and  reproducible  values  of  voltage  by 
adjusting  the  current  to  some  standard  value. 

To  standardize  the  battery  current,  the  switch 
S.C.  is  closed  and  the  current  adjusted  until  the 
potential  drop  across  the  resistor  LO  is  equal  to 
the  e.m.f.  of  the  standard  cell.  The  e.m.f.  of  the 
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thermocouple  can  then  be  determined  by  closing 
the  T.C.  switch  and  moving  the  contact  K  until 
the  potential  drop  in  the  resistors  in  the  main 
circuit  from  0  to  X  is  equal  to  the  e.m.f.  of  the 
thermocouple.  The  potential  drop  from  O  to  K 
is  read  on  some  suitable  scale.  The  resistors 
included  between  0  and  M  may  be  made  up  of 
fixed  coils,  a  slidewire,  or  a  combination  of  the 
two. 

The  galvanometer  has  no  measuring  function 
but  serves  solely  to  indicate  zero  current  in  its 
branch  of  the  circuit.  As  there  is  no  current 
through  the  galvanometer  and  thermocouple 
when  a  balance  is  obtained,  the  reading  of  the 
potentiometer  is  independent  of  the  resistance  of 
the  thermocouple  circuit.  However,  large  changes 
in  this  resistance  affect  the  precision  of  balancing 
because  as  the  resistance  is  increased  the  sensi¬ 
tivity  of  response  of  the  galvanometer  is  de¬ 
creased  and  the  greater  is  the  change  in  e.m.f. 
required  to  produce  a  perceptible  deflection  of 
the  galvanometer.  It  is  therefore  advisable  to 
keep  the  resistance  of  the  thermocouple  and  leads 
within  reasonable  limits  as  determined  by  the 
characteristics  of  the  galvanometer. 

There  are  several  important  advantages  in  the 
potentiometer  method.  The  scale  is  easily  made 
very  open,  thus  permitting  precise  readings  if  a 
suitable  galvanometer  is  used.  The  accuracy  of 
the  potentiometer  is  in  no  way  dependent  upon 
the  constancy  of  magnets,  springs,  or  jewel 
bearings,  nor  upon  the  level  of  the  instrument. 
Insofar  as  temperature  measurements  with 
thermocouples  are  concerned,  the  greatest  ad¬ 
vantages  are  the  accuracy  and  the  complete 
elimination  of  any  error  due  to  ordinary  changes 
in  the  resistance  of  the  thermocouple  and  leads. 
The  objections  to  the  potentiometer  are  its  higher 
initial  cost  and  the  fact  that,  except  for  automatic 
instruments,  a  manual  adjustment  must  be  made 
to  obtain  a  reading.  In  the  recording  and  con¬ 
trolling  potentiometer  equipment,  however,  all 
the  various  manipulations  may  be  performed 
automatically  even  to  the  standardizing  of  the 
battery  current. 

Potentiometers  are  used  for  practically  all 
laboratory  work  where  the  highest  accuracy  is 
required.  At  the  present  time  the  large  part  of 
the  instruments  in  industrial  use  operate  upon 
the  potentiometric  principle. 


The  scales  of  millivoltmeters  or  potentiometers 
may  be  calibrated  either  in  millivolts  or  in 
degrees  of  temperature  for  a  particular  type  of 
thermocouple.  Either  type  of  instrument  can  be 
made  automatically  recording  and  can  be 
equipped  with  devices  for  automatically  con¬ 
trolling  the  temperature  of  a  process  or  furnace. 

Inasmuch  as  the  e.m.f.  developed  by  a 
thermocouple  depends  upon  the  temperature  of 
the  reference  junctions  as  well  as  upon  the 
temperature  of  the  measuring  junction,  correc¬ 
tions  must  be  made  for  changes  in  the  reference 
junction  temperature  unless  they  are  auto¬ 
matically  taken  care  of  by  the  instrument.  If 
properly  calibrated,  an  ordinary  millivoltmeter 
will  indicate  the  temperature  of  the  measuring 
junction,  when  the  pointer  of  the  indicator  is  set 
to  read  the  reference  junction  temperature  on 
open  circuit.  If  the  reference  junction  tempera¬ 
ture  is  well  controlled,  this  adjustment  may  be 
made  conveniently  by  hand.  However,  if  this 
junction  is  subject  to  frequent  temperature 
changes  it  is  advisable  to  locate  the  reference 
junctions  at  the  instrument  and  use  an  instru¬ 
ment  which  automatically  changes  the  indication 
to  compensate  for  changes  in  the  reference 
junction  temperature.  In  the  case  of  millivolt- 
meters  this  is  accomplished  automatically  by 
attaching  a  properly  adjusted  bimetallic  spring 
to  the  control  spring  of  the  moving  coil.  If  an 
instrument  is  equipped  with  an  automatic  refer¬ 
ence  junction  compensator  for  one  type  of 
thermocouple,  it  should  not  be  used  with  other 
types  of  thermocouples  nor  should  it  be  used  in 
any  case  unless  the  reference  junctions  are  located 
at  the  instrument. 

Potentiometers  for  industrial  use  are  usually 
provided  with  either  a  hand-operated  or  an 
automatic  reference  junction  compensator.  A 
hand-operated  compensator  is  an  adjustable 
resistor,  having  a  scale  graduated  in  millivolts, 
which  the  operator  sets  to  correspond  with  the 
observed  reference-junction  temperature.  This 
operation  is  equivalent  to  moving  the  fixed  end  of 
the  thermocouple  circuit  (point  0  Fig.  7)  to  a 
point  corresponding  with  reference-junction  tem¬ 
perature.  For  use  with  any  one  type  of  thermo¬ 
couple  the  compensator  may  include  a  nickel  coil 
which  varies  in  resistance  as  the  temperature 
changes  and  thus  compensates  automatically  for 
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changes  in  the  reference-junction  temperature. 
An  instrument  so  equipped  is  usually  calibrated 
directly  in  degrees  of  temperature.  Although  it  is 
usually  at  the  instrument,  an  automatic  com¬ 
pensator  can  be  located  wherever  desired.  Lead 
wires  from  thermocouple  to  the  compensator 
location  in  any  case  must  have  the  same  thermo¬ 
electric  characteristics  as  the  thermocouple  wires. 

Instruments  calibrated  in  millivolts  are  gener¬ 
ally  used : 

(1)  When  very  accurate  temperature  measure¬ 

ments  are  to  be  made  with  individually 
calibrated  thermocouples. 

(2)  W  hen  used  with  various  types  of  thermo¬ 

couples. 

Instruments  are  generally  calibrated  in  degrees 
of  temperature: 

(1)  When  used  in  industrial  plants  with  only  one 

type  of  thermocouple. 

(2)  When  the  inconvenience  of  converting  milli¬ 

volt  values  to  temperature  is  considered 
more  important  than  the  errors  introduced 
by  the  lack  of  reproducibility  of  thermo¬ 
couples  of  any  one  type. 

Instruments  are  ordinarily  equipped  with 
manually  operated  reference  junction  compen¬ 
sators: 

(1)  W  hen  used  with  various  types  of  thermo¬ 

couples. 

(2)  When  the  reference  junctions  are  not  located 

at  the  instrument. 

Instruments  are  ordinarily  equipped  with  auto¬ 
matic  reference  junction  compensators: 

(1)  WThen  the  reference  junctions  are  located  at 

the  instrument  and  subject  to  considerable 
variations  in  temperature. 

(2)  W'hen  the  inconvenience  of  making  manual 

adjustments  or  arithmetical  corrections  is 
considered  more  important  than  the 
errors  introduced  by  using  automatic 
compensators. 

IX.  Protection  Tubes 

One  of  the  reasons  why  the  materials  listed  in 
Table  I  have  come  into  common  use  for  thermo¬ 
couples  is  that  they  are  reasonably  stable  thermo- 


electrically  when  heated  in  a  clean  oxidizing 
atmosphere.  The  standards  of  performance  which 
are  generally  accepted  for  the  various  combi¬ 
nations  of  thermocouple  materials  are  based  upon 
their  performance  in  air.  Although  it  has  not 
been  shown  that  a  reducing  atmosphere,  in 
itself,  necessarily  contaminates  or  alters  the 
thermoelectric  properties  of  thermocouple  ma¬ 
terials,  it  is  nevertheless  generally  observed  that 
exposure  of  thermocouples  to  such  atmospheres 
is  accompanied  by  contamination  or  changes  in 
the  chemical  composition  which  seriously  alter 
the  thermoelectric  properties.  In  order  to  obtain 
the  best  performance  of  thermocouples,  it  ap¬ 
pears  necessary  to  maintain  them  in  an  atmos¬ 
phere  having  essentially  the  same  composition  as 
air.  Consequently  the  selection  of  a  proper 
protection  tube,  which  will  protect  the  thermo¬ 
couple  from  vapors,  fumes,  or  furnace  gases,  is 
sometimes  as  important  as  the  selection  of  the 
thermocouple  materials. 

Changes  in  thermoelectric  characteristics  result 
from  causes  such  as  the  following. 

(1)  Metals  (solid,  liquid,  or  vapor)  coming 
into  contact  with  the  thermocouple  materials  and 
altering  their  chemical  composition. 

(2)  Furnace  gases  and  fumes  coming  into 
contact  with  the  thermocouple  materials.  Sul¬ 
phur  and  sulphur  compounds  are  particularly 
deleterious. 

(3)  Materials  normally  stable  in  an  oxidizing 
atmosphere  coming  into  contact  with  the  thermo¬ 
couples  in  a  reducing  atmosphere.  One  common 
cause  of  contamination,  which  is  serious  in  the 
case  of  rare  metal  thermocouples,  is  the  reduction 
of  silica  (usually  present  in  insulating  and 
ceramic  protection  tubes)  to  silicon  which  readily 
combines  with  the  thermocouple  materials. 

(4)  Preferential  oxidation  and  reduction  of 
base  metal  alloys  exposed  alternately  to  oxidizing 
and  reducing  atmospheres.  This  results  in  a 
gradual  change  in  chemical  composition,  because 
all  the  elements  which  comprise  an  alloy  are  not 
oxidized  and  reduced  at  the  same  rates  under  all 
conditions. 

Many  types  of  protection  tubes  are  required  in 
order  to  meet  all  needs.  In  many  cases,  the 
conditions  under  which  thermocouples  are  used 
are  such  that  two  tubes  are  required  to  provide 
the  desired  protection.  For  instance,  a  primary 
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tube  of  porcelain  or  fused  silica  may  be  placed 
inside  a  secondary  tube  of  metal,  silicon  carbide, 
or  fire  clay.  The  primary  tube  of  low  volatility 
is  intended  to  provide  imperviousness  to  gases  at 
high  temperatures,  and  the  secondary  tube  to 
provide  resistance  to  thermal  and  mechanical 
shock  and  to  corrosion. 

In  thus  providing  protection  for  the  thermo¬ 
couple,  however,  one  should  not  lose  sight  of  the 
fact  that  a  thermocouple  can  perform  its  function 
only  when  the  conditions  of  heat  transfer  are  such 
that  the  measuring  junction  attains  or  at  least 
approaches  the  temperature  to  be  measured. 
When  a  tube  of  large  cross  section  or  more  than 
one  tube  is  used,  particularly  if  the  tubes  have  a 
high  thermal  conductance,  it  should  be  carefully 
considered  whether  the  depth  of  immersion  is 
sufficient  to  insure  that  the  temperature  of  the 
thermocouple  junction  is  reasonably  close  to  the 
temperature  to  be  measured.  Short  thick-walled 
tubes  may  cool  the  junction  so  much  that  the 
indications  are  comparatively  worthless. 

Platinum  to  platinum-rhodium  thermocouples 
are  particularly  susceptible  to  contamination  and 
should  be  protected  by  ceramic  tubes  which  are 
impervious  to  gases  and  vapors  at  all  operating 
temperatures.  Metal  protection  tubes  usually 
provide  sufficient  protection  for  base  metal 
thermocouples.  The  oxide  coatings  on  the  thermo¬ 
couple  wires  are  fairly  effective  in  protecting  the 
wires  from  contamination  by  metallic  vapors. 
Metal  tubes  which  provide  sufficient  protection 
in  an  oxidizing  atmosphere  may  be  entirely 
unsatisfactory  if  large  amounts  of  furnace  gases 
are  present.  In  some  installations  it  has  been 
found  advisable  to  ventilate  the  interior  of  the 
protection  tube  with  a  slow  stream  of  air  in  order 
to  minimize  the  deleterious  effects  of  furnace 
gases. 

The  primary  ceramic  tubes  which  meet  most 
requirements  of  stability  and  imperviousness  to 
gases  are:  highly  refractory  porcelain,  sometimes 
called  “Sillimanite”  or  “Mullite”  for  tempera¬ 
tures  up  to  about  1550°C  (2800°F),  fused  silica 
for  temperatures  up  to  about  1050°C  (1900°F)  in 
an  oxidizing  atmosphere,  and  Pyrex  glass  for 
temperatures  up  to  about  600°C  (1100°F). 

The  secondary  or  metal  tube  most  suitable  for 
a  particular  application  depends  to  a  large  extent 
upon  the  type  of  corrosion  encountered.  Nickel- 


chromium-iron  tubes  are  particularly  useful  in 
oxidizing  atmospheres,  chromium-iron  tubes  in 
atmospheres  containing  sulphur,  and  nickel  or 
iron  tubes  in  hot  caustic  and  molten  metal  baths. 
The  temperature  limits  given  in  Table  III  for  the 
various  types  of  tubes  are  those  which  will,  in 
general,  result  in  a  reasonably  long  life.  The 
tubes  may  be  used  at  higher  temperatures  than 
those  given  but  higher  operating  temperatures 
will  result  in  a  shorter  life. 

Fire  clay,  silicon-carbide,  and  graphite  meet 
certain  requirements  of  secondary  tubes  at 
temperatures  above  the  useful  limits  of  metal 
tubes.  Numerous  other  types  of  tubes  have  been 
developed  for  specific  purposes.  Recommenda¬ 
tions  regarding  tubes  for  any  particular  purpose 
may  be  obtained  from  pyrometer  manufacturers. 

X.  Calibration  of  Thermocouples 

Various  methods  used  for  calibrating  thermo¬ 
couples  and  of  testing  thermocouple  materials 
and  the  precautions  which  must  be  observed  in 
order  to  attain  various  degrees  of  accuracy  are 
given  in  a  separate  paper,  which  is  essentially  the 
same  text  as  the  paper  entitled  “Methods  of 
testing  thermocouples  and  thermocouple  ma¬ 
terials”  published  originally  in  the  Journal  of 
Research  of  the  National  Bureau  of  Standards. 13 
The  numerical  values  in  the  original  text  have 
been  brought  into  agreement  with  later  published 
data. 

XI.  Measurement  of  Temperatures 

The  measurement  of  the  temperature  of  any 
particular  object  or  space  is  in  many  cases  a 
problem  in  itself,  even  after  a  suitable  thermo¬ 
couple  has  been  selected  and  calibrated.  The 
methods  employed  in  many  instances  are  de¬ 
scribed  elsewhere  in  this  symposium.  However, 
there  are  certain  fundamentals  that  must  be 
observed  in  any  case. 

The  temperature  indicated  by  a  thermocouple 
is  that  of  its  measuring  junction,  but  usually  this 
is  of  no  interest  in  itself.  The  accuracy  obtained 
in  measuring  the  temperature  of  any  object  or 
space  usually  depends  upon  how  closely  the 
junction  of  the  thermocouple  can  be  brought  to 
the  same  temperature  as  that  of  the  object  or 
space,  or  to  some. temperature  which  is  definitely 
related  to  that  of  the  object  or  space. 
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Table  III.  Recommended  maximum  operating  temperature 
of  metal  protection  tubes. 


Type  of  Tube 

Recommended 
Maximum  Temperature 

°c 

°F 

Seamless  steel 

550 

1000 

Wrought  iron 

700 

1300 

Cast  iron 

700 

1300 

Calorized  wrought  iron 

800 

1500 

14  percent  chromium  iron 

800 

1500 

28  percent  chromium  iron 

1100 

2000 

18  (Cr)-8  (Ni)-stainless  steel 

850 

1600 

32  Ni-20  Cr-48  Fe 

1100 

2000 

62  Ni-13  Cr-25  Fe 

1150 

2100 

Nickel 

1100 

2000 

If  under  steady  conditions  there  is  a  net 
exchange  of  heat  between  the  thermocouple  junc¬ 
tion  and  an  object,  then  there  is  a  difference  in 
temperature  between  the  two.  The  magnitude  of 
this  difference  in  temperature  depends  upon  the 
rate  of  heat  transfer  and  the  thermal  resistance 
between  the  junction  and  the  object.  The  idea 
then  is  to  bring  the  thermocouple  junction  into 
as  good  thermal  contact  as  possible  with  the 
object  and  to  insulate  the  junction  as  well  as 
possible  against  the  transfer  of  heat  to  or  from 
other  objects  or  spaces.  Greater  precautions  are 
obviously  necessary  in  accurate  measurements 
than  in  rough  ones. 

As  an  illustration,  suppose  we  desire  to  measure 
the  temperature  of  a  metal  plate  which  is  heated 
from  within  by  some  means.  The  bare  thermo¬ 
couple  junction  is  brought  into  contact  with  the 
metal  plate.  The  junction  will  receive  some  heat 
from  the  plate  by  thermal  conduction  and 
probably  a  smaller  amount,  by  radiation  and 
convection.  The  junction  will  lose  heat  by  con¬ 
duction  along  the  thermocouple  wires,  and  by 
convection,  conduction,  and  radiation  to  the 
surroundings.  Obviously  the  junction  will  be  at  a 
lower  temperature  than  the  plate.  However,  this 
difference  in  temperature  can  be  reduced  by  the 
following. 

(A)  By  improving  the  thermal  contact.  (1)  By 
flattening  the  junction  to  obtain  a  larger  area  of 
contact  or  better  still  (2)  by  soldering,  brazing, 
or  welding  the  junction  to  the  plate. 

(B)  By  reducing  the  heat  loss  from  the  junc¬ 
tion.  (1)  By  keeping  the  wires  close  to  the  plate 
for  some  distance  so  as  to  reduce  the  temperature 
gradient  in  the  wires  near  the  junction,  and  or 
(2)  by  raising  the  temperature  of  the  space 


immediately  surrounding  the  junction  (a)  by 
insulating  the  junction  from  that  space  or  (b)  by 
utilizing  an  auxiliary  source  of  heat  as  is  done  in 
the  compensated  contact  thermometer.14- 15 

The  thermocouple  junction  may  be  at  either  a 
higher  or  lower  temperature  than  the  object 
depending  upon  the  direction  of  the  net  heat 
transfer.  The  use  of  thermocouple  protection 
tubes  usually  makes  it  more  difficult  to  bring  the 
thermocouple  junction  to  nearly  the  same  temper¬ 
ature  as  that  of  an  object,  because  of  the  addi¬ 
tional  thermal  resistance  introduced  between  the 
junction  and  object  and  the  additional  transfer  of 
heat  along  the  protection  tubes.  For  example,  the 
junction  of  a  thermocouple  may  be  brought 
within  a  few  hundredths  of  a  degree  of  the 
temperature  of  a  liquid  by  immersing  the  bare 
wires  in  the  liquid  for  a  distance  of  5  to  10 
diameters  of  the  wire,  whereas  if  a  protection 
tube  is  used  with  the  thermocouple  it  will  be 
necessary  to  immerse  the  junction  5  to  10 
diameters  of  the  protection  tube  to  obtain  the 
same  degree  of  accuracy.  In  most  applications, 
the  best  that  can  be  done  is  to  bring  the  thermo¬ 
couple  junction  and  object  as  close  together  as 
possible  and  immerse  the  thermocouple  as  far  as 
practicable  in  the  heated  medium. 

In  the  measurement  of  certain  temperatures, 
particularly  those  of  small  objects  and  materials 
of  low  thermal  conductivity,  consideration  must 
be  given  to  the  possibility  that  the  temperature 
to  be  measured  may  be  altered  by  the  introduc¬ 
tion  of  the  temperature  measuring  device. 

In  the  measurement  of  temperatures  varying 
with  time,  heat  capacity  of  thermocouples  and 
protecting  tubes  as  well  as  thermal  contacts  are 
involved.  If  the  temperature  is  rising,  the  temper¬ 
ature  of  the  junction  itself  will  at  any  instant  be 
lower  than  that  of  the  surroundings.  The  reverse 
will  be  true  if  the  temperature  is  falling.  This  is 
referred  to  as  thermal  lag.  By  appropriate  aux¬ 
iliary  measurements,  however,  it  is  usually  pos¬ 
sible  to  determine  the  lag16  under  the  particular 
conditions  of  use,  and  apply  corrections  to  the 
thermocouple  readings. 

XI f.  Installations 

The  cost  of  pyrometer  equipment  is  great 
enough  to  warrant  installing  it,  not  only  so  that 
the  desired  temperature  can  be  measured  with 
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the  required  accuracy  but  also  in  such  a  manner 
as  to  protect  the  equipment,  as  far  as  practicable, 
from  changes  and  deterioration.  The  installation 
of  simple  pyrometer  equipment  for  more  or  less 
temporary  service  in  an  air-conditioned  labora¬ 
tory,  far  removed  from  the  vibrations  set  up  by 
heavy  equipment  such  as  trip  hammers,  rolling 
mills,  etc.,  is  a  comparatively  simple  matter. 
However,  in  the  large  installations  required  in 
many  industrial  plants,  every  precaution  should 
be  taken  to  protect  the  thermocouple,  wiring,  and 
instruments  from  the  various  deleterious  con¬ 
ditions  which  may  seriously  affect  their  accuracy 
and  life. 


1.  General  Precautions 

The  installation  of  extensive  thermocouple 
equipment  requires  the  services  of  competent 
electricians.  Just  as  much  attention,  if  not  more, 
should  be  given  to  the  wiring,  switches,  switch¬ 
boards,  etc.,  as  is  given  in  the  case  of  ordinary 
power  installations.  Proper  fixtures  should  be 
used  to  mount  the  thermocouples  in  the  furnaces. 
Lead  wires  should  have  a  weatherproof  covering 
and  should  be  run  in  a  metal  conduit  except 
possibly  for  a  short  length  of  flexible  cable  at  the 
ends  of  the  conduit.  The  conduit  should  be 
grounded  to  prevent  leakage  from  power  instal¬ 
lations  or  lighting  circuits.  All  joints  in  the  lead 
wires  should  be  soldered  and  taped.  When  indi¬ 
cators  or  recorders  of  low  resistance  are  employed, 
it  is  of  the  greatest  importance  to  have  a  well- 
constructed  electrical  installation  to  insure  a 
constant  line  resistance.  Since  instruments  of  low 
resistance  are  usually  calibrated  for  a  low  line 
resistance  of  definite  value,  special  attention 
must  be  given  to  contact  resistances  at  switches. 
Frequently  switches  rated  at  100  amperes  are 
required,  although  the  actual  thermoelectric 
current  is  only  a  few  milliamperes.  If  the  indi¬ 
cator  is  of  high  resistance,  or  operates  upon  the 
potentiometric  principle,  the  factor  of  very  low 
line  resistance  is  not  of  great  importance,  but  the 
wiring  should  be  well  installed,  to  avoid  large 
changes  in  the  resistance.  Stationary  indicating 
and  recording  instruments  usually  should  be 
mounted  upon  switchboards,  with  suitable  se¬ 
lective  or  commutating  switches  when  several 
thermocouples  are  to  be  used  with  one  indicator. 
When  the  junction  between  the  thermocouple 
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Fig.  8.  Connections  between  several  thermocouples  and  a 
distant  instrument. 


and  leads  is  exposed  to  severe  conditions,  rain, 
etc.,  as  in  outside  kilns,  a  weatherproof  terminal 
head  should  be  used.  This  consists  of  an  outside 
casing  which  fits  over  both  binding  posts.  The 
cover  may  be  tapped  for  conduit  wiring  or  pro¬ 
vided  with  a  packing  gland  or  stuffing  box  if  a 
length  of  flexible  cable  is  used  between  the 
thermocouple  and  the  conduit. 

The  indicator  or  recorder  should  be  con¬ 
veniently  located.  If  the  instrument  is  desired 
especially  for  the  use  of  the  operator  of  a  furnace, 
it  should  be  placed  where  it  is  readily  visible.  It 
should  be  mounted  where  vibration  and  excessive 
dirt  and  dust  will  not  injure  delicate  parts  of  the 
mechanism.  In  almost  all  industrial  installations 
an  outside  protecting  case  is  required  to  prevent 
dust  from  filtering  through  the  case  of  the  indi¬ 
cator.  Special  devices  are  employed  to  damp  out 
vibration  when  this  is  serious,  as  in  the  neighbor¬ 
hood  of  a  trip  hammer  or  rolling  mill.  Frequently 
the  instruments  are  suspended  on  “vibration- 
proof  mountings.’’ 


2.  Location  of  Thermocouples 

The  proper  location  of  the  thermocouple  in  a 
furnace  depends  upon  the  particular  process  and 
the  use  to  which  the  furnace  is  put.  The  primary 
consideration  is  to  locate  the  measuring  junction 
so  that  it  acquires  the  temperature  which  it  is 
desired  to  measure.  This  requires  taking  into 
consideration  the  thermal  lag  and  heat  transfer 
to  and  from  the  thermocouple  junction.  Both  of 
these  factors  are  materially  affected  by  protection 
tubes.  A  secondary  consideration,  however,  is  to 
locate  the  thermocouple  where  the  lead  wires 
may  be  conveniently  located.  The  space  between 


Volume  n,  June,  1940 


84/404 


the  protecting  tube  and  the  furnace  wall  should 
be  plugged  with  refractory  cement,  so  that  hot 
air  cannot  strike  through  the  hole  onto  the 
terminals  of  the  thermocouple,  nor  cold  air  be 
drawn  in,  thus  cooling  the  measuring  junction  of 
the  thermocouple. 

3.  Common  Return 

The  use  of  a  common  return  wire  for  a  multiple 
installation  is  in  general  unsatisfactory.  When 
grounds  or  short  circuits  occur  at  any  point 
between  the  measuring  junctions  and  the  instru¬ 
ment — for  example,  between  the  common  return 
and  the  other  lead  wire  of  one  thermocouple — all 
the  thermocouples  on  the  common  return  have, 
in  addition  to  their  own  e.m.f.,  an  impressed 
potential  drop  due  to  the  current  flowing  in  the 
shorted  thermocouple.  This  may  cause  a  large 
error  in  the  reading  of  every  thermocouple  in  the 
system.  With  the  common  return,  leakage  from  a 
power  installation  affects  the  readings  of  every 
thermocouple  connected  to  the  return  and  a 
leakage  through  a  high  resistance  may  alter  the 
readings  of  every  thermocouple  by  the  same 
amount  so  that  the  presence  of  such  leaks  is  not 
always  readily  detected.  It  is  also  possible  by 
leakage  from  different  thermocouples  to  the 
ground  to  obtain  very  erratic  and  erroneous 
readings  when  the  common  return  is  employed. 
The  insulation  resistance  of  materials  becomes 
very  low  at  high  temperatures  making  it  difficult 
to  insulate  the  various  thermocouple  wires  from 
one  another  and  from  the  furnace  parts,  even 
when  individual  returns  are  used.  Base-metal 
thermocouples  are  frequently  constructed  with 
the  measuring  junction  welded  to  the  end  of  the 
metal  protecting  tube  in  order  to  reduce  thermal 
lag.  Even  when  the  thermocouple  is  not  welded 
at  this  point,  the  measuring  junction  usually 
touches  the  protecting  tube  and  is  in  good 
electrical  contact  with  it.  If  a  common  return  is 
used  when  the  thermocouples  are  mounted  in 
this  way,  any  electrical  connection  or  leakage 
between  the  metal  protecting  tubes  (through  the 
furnace  structure,  etc.)  will  produce  serious 
errors.  However,  if  individual  returns  are  used, 
the  metal  protecting  tubes  need  not  be  insulated 
from  one  another.  The  troubles  ordinarily  en¬ 
countered  with  common  return  installations  are 
sufficient  to  warrant  the  extra  cost  of  the  wire 


required  to  install  individual  thermocouple 
circuits. 

4.  Use  of  a  Zone  Box 

Extension  lead  wires  are  rather  costly  and 
should  not  be  employed  extravagantly.  Also  the 
use  of  long  lengths  of  extension  leads  increases 
the  line  resistance,  since  the  resistivity  of  the  lead 
materials  is  much  higher  than  that  of  copper. 

For  an  installation  in  which  several  thermo¬ 
couples  are  connected  through  a  selector  switch 
to  an  instrument  located  at  some  distance  from  a 
furnace,  a  wiring  scheme  similar  to  that  shown  in 
Fig.  8  may  be  very  useful  in  saving  extension  lead 
wire  and  consequently  in  reducing  the  cost  and 
resistance  of  the  line.  The  common  reference 
junction  “2?”  for  each  thermocouple  can  be 
located  at  any  conveniently  controlled  point  or  at 
the  instrument  if  the  latter  is  equipped  with  an 
automatic  reference  junction  compensator  by 
running  only  one  pair  of  extension  leads  from  the 
zone  box  to  the  controlled  point  or  the  instru¬ 
ment.  A  zone  box  is  a  box  or  zone  of  uniform 
temperature  which  need  not  be  measured  or 
maintained  constant.  It  should  be  pointed  out 
that  although  a  common  reference  junction  is 
used  for  all  the  thermocouples,  the  system  is  not 
subject  to  any  of  the  objections  which  have  been 
raised  against  the  use  of  a  common  return. 

5.  Thermocouples  Purposely  Insufficiently 

Immersed 

In  many  processes  a  furnace  is  operated  at  such 
a  high  temperature  that  a  thermocouple  or  pro¬ 
tecting  tube  cannot  withstand  the  severe  con¬ 
ditions  inside  the  furnace.  In  this  case  the 
thermocouple  may  be  advantageously  inserted 
only  part  way  through  the  furnace  wall,  or  flush 
with  the  inner  wall  of  the  furnace.  The  tempera¬ 
tures  indicated  by  thermocouples  installed  in  this 
manner  are  always  lower  than  those  of  the 
furnace  interior,  but  they  may  bear  a  fairly 
definite  relationship  to  the  temperature  of  the 
furnace,  and  hence  the  method  may  be  satis¬ 
factory  for  temperature  control  and  reproduction 
of  furnace  conditions  from  day  to  day. 

6.  Measurement  of  Average  Temperature 

It  is  frequently  desirable  to  measure  “the 
average  temperature”  of  an  object  or  a  heated 
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space  by  using  thermocouples.  No  discussion  of 
what  is  meant  by  the  average  temperature  of  an 
object  or  space  or  why  anyone  would  be  inter¬ 
ested  in  measuring  any  such  average  will  be  given 
here.  The  average  temperature  that  can  be 
measured  with  thermocouples  is  only  a  mean  of 
the  temperatures  of  the  measuring  junctions  of  a 
number  of  thermocouples.  This  average  may  or 
may  not  be  a  close  approximation  to  the  average 
temperature  which  one  desires  to  measure,  de¬ 
pending  upon  such  factors  as  the  temperature 
distribution,  the  number  and  location  of  the 
thermocouples,  etc. 

If  the  measuring  junctions  of  a  number  of 
thermocouples  are  placed  in  thermal  contact  with 
an  object  or  located  in  a  heated  space,  the 
average  temperature  of  the  junctions  may  be 
obtained  by  any  one  of  three  methods:  (1)  by 
reading  the  thermocouples  individually  and 
averaging  the  readings;  (2)  by  connecting  them 
in  series  and  reading  the  total  e.m.f. ;  or  (3)  by 
making  all  the  thermocouples  of  equal  resistance 
and  connecting  them  in  parallel  so  that  the 
average  e.m.f.  is  read  directly.  Although  each  cf 
these  methods  has  certain  practical  advantages 
over  the  others,  they  are  all  equivalent  in  that 
one  is  no  more  accurate  than  the  others  and  that 
the  same  average  temperature  (that  of  the 
junctions)  is  measured  in  each  case.  In  the 
following  discussion,  it  will  be  assumed  that  the 
temperature-e.m.f.  relations  of  all  the  thermo¬ 
couples  used  in  any  one  case  are  identical  and 
that  any  correction  or  compensation  required  for 
the  reference  junctions  is  properly  cared  for. 

The  important  advantages  of  taking  readings 
of  the  individual  thermocouples' are  that  (1)  one 
obtains  not  only  the  average  temperature  but 
also  some  idea  of  the  temperature  distribution, 
(2)  the  thermocouple  junctions  may  be  placed  in 
contact  with  or  welded  to  metal  objects,  thus 
insuring  good  thermal  contact,  and  (3)  the  failure 
of  any  individual  thermocouple  is  immediately 
detected.  The  disadvantage  is  that  several  obser¬ 
vations  must  be  taken,  requiring  several  instru¬ 
ments  if  the  observations  are  to  be  taken 
simultaneously  or  considerable  time  during  which 
the  temperatures  may  change  if  the  observations 
are  to  be  taken  with  one  instrument. 

One  may  average  the  values  of  the  e.m.f.  of  the 
individual  thermocouples  and  obtain  the  average 


temperature  from  the  average  e.m.f.  or  one  may 
average  the  temperature  values  obtained  for  each 
thermocouple.  The  average  values  obtained  in 
these  two  different  ways  will  not  necessarily  agree 
exactly  owing  to  the  fact  that  the  e.m.f.  of  a 
thermocouple  is  not  a  linear  function  of  the 
temperature.  If  the  temperature  gradients  in  the 
object  or  heated  space  are  not  very  large  (less 
than  about  50°C)  the  difference  in  the  averages 
obtained  in  the  two  different  ways  is  usually 
insignificant.  If  the  temperature  gradients  in  the 
object  or  heated  space  are  so  large  (several 
hundreds  of  degrees)  that  there  is  an  appreciable 
difference  in  the  average  temperature  obtained  in 
the  two  different  ways,  the  average  temperature 
obtained  by  using  thermocouples  located  at 
several  selected  points  probably  has  no  exact 
significance. 

Because  values  of  temperature  may  be  ob¬ 
tained  with  the  individual  thermocouples  and 
averaged  with  this  method,  it  is  not  necessary  to 
use  thermocouples  with  approximately  the  same 
temperature-e.m.f.  relation. 

The  important  advantage  of  connecting  the 
thermocouples  in  series  or  in  parallel  is  that  only 
one  observation  is  required  to  obtain  the  average 
e.m.f.  of  a  number  of  thermocouples.  However, 
such  a  single  observation  yields  no  information 
regarding  the  temperature  distribution  in  the 
object  or  space.  Connecting  the  thermocouples 
in  series  requires  that  the 
thermocouple  wires  and  measuring  junctions  be 
electrically  insulated  from  one  another.  This 
makes  it  difficult  under  certain  conditions  to 
bring  the  junctions  in  good  thermal  contact  with 
an  electrically  conducting  medium. 

The  objections  to  connecting  a  number  of 
thermocouples  in  series  are:  (1)  The  e.m.f. 
developed  by  the  thermocouples  in  series  may  be 
too  great  to  be  measured  with  the  instruments 
available;  (2)  A  short  circuit  which  might 
materially  reduce  the  e.m.f.  of  one  of  the  thermo¬ 
couples  would  not  be  detected  by  a  single  obser¬ 
vation  of  the  total  e.m.f. 

It  can  be  shown  by  applying  Kirchhoff’s  laws, 
that  the  potential  difference  across  the  terminals 
of  a  number  of  thermocouples  of  equal  resistance 
connected  in  parallel  is  the  average  of  the  e.m.f. ’s 
of  the  individual  thermocouples.  Inasmuch  as  the 
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average  e.m.f.  is  measured  directly  when  the 
thermocouples  are  connected  in  parallel,  the 
e.m.f.  can  be  measured  with  any  instrument  that 
is  used  for  measuring  the  e.m.f.  of  a  single 
thermocouple. 

It  should  be  pointed  out  that  the  temperature 
indicated  when  the  two  individual  thermocouple 
wires  are  attached  to  a  metal  object  at  two  points 
which  may  be  designated  P  and  Q  (so  that  the 
electric  circuit  is  completed  through  the  metal), 
depends  upon  the  thermoelectric  power  of  the 
metal  with  respect  to  the  thermocouple  wires  and 
is  not  necessarily  the  temperature  of  the  metal  at 
any  point  between  P  and  Q  and  consequently  is 
not  the  average  temperature  of  the  metal  between 
P  and  Q  except  in  very  special  cases.  If  the  metal 
to  which  the  thermocouple  wires  are  attached  is 
thermoelectrically  positive  to  one  element  of  the 
thermocouple  and  negative  to  the  other,  the 
temperature  measured  will  be  somewhere  be¬ 
tween  those  of  P  and  Q.  The  thermocouple  will 
indicate  a  temperature  approximately  midway 
between  those  of  P  and  Q  only  if  the  metal  is 
approximately  midway  between  the  two  thermo¬ 
couple  wires  thermoelectrically. 

It  is  readily  seen  that  if  the  wires  of  an  iron- 
constantan  thermocouple  are  attached  to  a  piece 
of  iron,  the  temperature  measured  will  be  that 
where  the  constantan  wire  is  attached  and  if  they 
are  attached  to.  a  piece  of  constantan  the  temper¬ 
ature  measured  will  be  that  where  the  iron  wire  is 
attached. 

If  the  metal  to  which  the  thermocouple  wires 
are  attached  is  thermoelectrically  positive  or 


negative  to  both  wires  of  the  thermocouple,  th^ 
value  of  the  temperature  indicated  will  not  be 
between  those  of  P  and  Q.  For  example,  suppose 
that  the  wires  of  a  platinum  to  90  platinum-10 
rhodium  thermocouple  are  attached  to  a  piece  of 
constantan,  and  that  the  temperature  of  the 
point  where  the  platinum  wire  is  attached  is 
700°C  and  that  where  the  platinum-rhodium  is 
attached  is  750°C.  Let  the  reference  junctions  of 
the  thermocouple  be  at  0°C.  The  circuit  is 
equivalent  to  a  90  platinum-10  rhodium  to 
constantan  thermocouple  with  its  junctions  at 
750°  and  0°C  in  series  with  a  constantan  to 
platinum  thermocouple  with  its  junctions  at  700° 
and  0°C.  The  resultant  e.m.f.  developed  in  the 
circuit  will  be  approximately  9.14  mv  which 
corresponds  to  962°C  for  the  platinum  to  90 
platinum-10  rhodium  thermocouple. 

XIII.  Conclusion 

In  conclusion  the  author  would  like  to  empha¬ 
size  that  the  success  attained  in  the  measurement 
of  temperatures  with  thermocouples  depends 
primarily  upon  the  ability  of  the  observer  to 
bring  the  junctions  of  the  thermocouples  to  the 
desired  temperatures  and  upon  the  stability  of 
the  thermocouple  materials.  The  reader’s  atten¬ 
tion  is  directed  to  a  number  of  papers  in  this 
symposium  which  deal  with  (1)  the  measurement 
of  temperatures  in  particular  cases,  (2)  the 
stability  of  thermocouples,  and  (3)  the  instru¬ 
ments  available  for  use  with  thermocouples  in 
the  measuring,  recording,  and  controlling  of 
temperatures. 
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Methods  of  Testing  Thermocouples  and  Thermocouple  Materials 

Wm.  F.  Roeser  and  S.  T.  Lonberger  1 

Various  methods  used  for  testing  thermocouples  and  thermocouple  materials  and  the 
precautions  that  must  be  observed  in  order  to  attain  various  degrees  of  accuracy  are  described. 

In  particular,  the  methods  that  have  been  developed  and  used  at  the  National  Bureau  of 
Standards  are  outlined  in  detail,  and  some  guidance  is  given  to  the  reader  in  the  selection  of 
the  method  best  adapted  to  a  given  set  of  conditions. 

Consideration  is  given  primarily  to  the  calibration  of  platinum  versus  platinum-rhodium, 
copper-constantan,  Chromel-Alumel,  and  iron-constantan  thermocouples. 


1.  Introduction 


Methods  of  testing  thermocouples  and  thermo¬ 
couple  materials  have  been  developed  to  supply 
the  need  of  those  industries  to  which  the  measure¬ 
ment  and  control  of  temperature  are  essential. 
The  recognition  by  the  various  industries  in  this 
country  that  the  measurement  and  control  of 
temperature  are  essential  to  a  uniformly  high 
quality  of  product  has  led,  in  recent  years,  to  a 
tremendous  increase  in  the  use  of  temperature¬ 
measuring  equipment.  Where  the  higher  tem¬ 
peratures  are  involved,  by  far  the  greater  portion 
of  such  measurements  is  made  with  thermo¬ 
couples,  and  therefore  these  devices  must  be 
regarded  as  one  of  the  important  tools  of  modern 
industry. 

The  users  of  thermoelectric  pyrometers  have 
been  demanding  ever-increasing  accuracy  in  these 
instruments.  Thermocouple  materials  are  being 
bought  on  closer  specifications,  -and  the  pyrometer 
manufacturers  have  been  setting  up  smaller 
tolerances  in  the  inspection  and  calibration  of  their 
product,  with  the  result  that  practically  all  pyro- 
metric  equipment  now  being  sold  is  of  very  high 
quality.  Reliable  methods  of  testing  thermo¬ 
couples  and  thermocouple  materials  are  required 
to  realize  the  degree  of  accuracy  now  demanded. 
The  purpose  of  this  Circular  is  to  describe  the 
more  important  of  these  methods  and  to  point 
out  certain  precautions  that  must  be  observed  to 
secure  reliable  results.  The  essential  features  of 
many  of  these  methods  and  much  of  the  apparatus 
described  here  have  been  devised  and  described  in 


whole  or  in  part  by  various  writers,  but  references 
to  their  papers  will  be  made  only  when  it  is  felt 
that  a  more  detailed  description  than  is  given  here 
will  be  helpful  to  the  reader. 

Combinations  of  metals  and  alloys  extensively 
used  in  thermocouples  for  the  measurement  of 
temperatures  in  this  country  are  listed  in  table  1, 
together  with  the  temperature  ranges  in  which 
they  are  generally  used  and  the  maximum  tem¬ 
peratures  at  which  they  can  be  used  for  short 
periods.  The  period  of  usefulness  at  high  tem¬ 
peratures  depends  largely  upon  the  temperature 
and  the  diameter  of  the  wires.  The  methods  de¬ 
scribed  in  this  Circular  were  devised  primarily  for 
calibrating  thermocouples  in  the  usual  temperature 
ranges,  but  unless  otherwise  indicated  they  may  be 
used  up  to  the  maximum  temperatures  at  which 
the  various  types  of  thermocouples  can  be  used. 


Table  1.  Types  of  thermocouples  and  temperature  ranges 
in  which  they  are  used 


Type  of  thermo¬ 
couple 

Usual  temperature  ranges 

Maximum 

temperatures 

Platinum  versus 
platinum-rho¬ 
dium  _ 

Chromel-Alumel.. 
Iron-constantan . . . 
Copper  - con- 
stantan _ ... 

°  C 

0  to  1,  AW 
-190  to  +1,100 
-190  to  +760 

-190  to  +300 

o  p 

32  to  2, 650 
-310  to  +2,  000 
-310  to  +1, 400 

-310  to  +570 

°  C 
1,700 
1,350 
1,000 

600 

o  p 

3.100 
2,450 
1,800 

1.100 

2.  General  Considerations 


2.1.  Temperature  Scale 

The  object  in  the  calibration  of  any  thermo¬ 
couple  is  to  determine  an  emf-temperature  rela¬ 
tionship  in  which  the  temperature  is  expressed  on 


1  Now  with  American  Machine  &  Foundry  Co.,  Alexandria,  Va. 


a  definite  and  reproducible  scale.  The  Interna¬ 
tional  Temperature  Scale,  adopted  in  1927  [1]  2  by 
31  nations  and  revised  in  1948  [2],  is  now  in  prac¬ 
tically  universal  use.  The  methods  of  realizing 
this  scale  ate  described  in  detail  in  the  references 

s  Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this 
Circular. 
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Table  2.  Instruments,  calibration  -points ,  and  interpolation  equations  of  the  International  Temperature  Scale  of  1948 


Temperature  ranges 

Instruments 

Calibration  points  (values  for  pressure  of  1 

Interpolation  equations  » 

standard  atmosphere) 

0  c 

O  jp 

Fixed  pomt 

0  C 

o  F 

[Boiling  point  of  oxy- 

-182. 970 

-297.  346 

1 

gen. 

-182.970  to  0 _ 

-297.346  to  32 _ 

Platinum  resistance 

lice  pointb  _ _ 

0 

32 

\  R,  =  R0[l+Al+BP+  C(t- 100)  V\. 

thermometer. 

1  Boiling  point  of  water 

100 

212 

(.Boiling  point  of  sulfur 

444. 600 

832.  280 

\ 

Platinum  resistance 

[Ice  point  b.  _ 

0 

32 

0  to  630.5  _ 

32  to  1,166.9 _ 

thermometer. 

•!  Boiling  point  of  water 
iBoiling  point  of  sulfur 

100 

212 

>  Ri = Ro  (l++t+  Bt1) . 

444. 600 

832.  280 

[Freezing  point  of  anti- 

«  630.  5 

®1, 166.9 

) 

Platinum  versus  plati- 

mony. 

630.5  to  1,063.0 _ 

1,166.9  to  1,945.4... 

num-10-percent-rho- 

■j  Freezing  point  of  sil- 

960.8 

1,  761.  4 

\E=ci-\-bt-\-cfi. 

dium  thermocouple. 

ver. 

(Freezing  point  of  gold. 

1,  063.  0 

1,  945.  4 

I 

c2 

1,063.0  and  above. 

1,945.4  and  above. 

Optical  pyrometer _ 

Freezing  point  of  gold. 

1, 063. 0 

1,945.4 

Jt  eX(lA„+7’o)_1 

^  Au  ^2 

eXU+7'o)_1 

a  Rt  is  the  resistance  at  t°  C,  Ro,  the  resistance  at  0°C;  A  and  Bare  constants 
determined  by  calibration  at  the  boiling  points  of  water  and  sulfur,  and  C  is 
an  additional  constant  determined  by  calibration  at  the  boiling  point  of 
oxygen.  E  is  the  emf  at  t°C,  and  a,  b,  and  c  are  constants.  Jt  and  J\a  are 
the  radiant  energies  per  unit  wavelength  interval  at  wavelength,  X,  emitted 
per  unit  time  by  unit  area  of  a  black  body  at  the  temperature,  t,  and  at  the 
gold  point,  t au,  respectively,  C2  is  1.438  cm  degrees.  To  is  the  temperature  of 
the  ice  point  in  degrees  K.  X,  is  a  wavelength  of  the  visible  spectrum,  and 
e  is  the  base  of  Naperian  logarithms. 


b  It  is  recommended  that  for  work  of  the  highest  precision,  the  zero  point 
be  realized  by  means  of  the  triple  point  of  water,  a  point  to  which  the  temper¬ 
ature  +0.0100°  C  has  been  assigned. 

«  The  freezing  temperature  of  the  antimony  used  in  determining  these 
constants  shall  be  determined  with  a  standard  resistance  thermometer,  and 
shall  be  not  lower  than  630.3°  C.  Alternatively,  the  thermocouple  may  be 
calibrated  by  direct  comparison  with  a  standard  resistance  thermometer  in 
a  bath  at  any  uniform  temperature  between  630.3°  and  630.7°  C. 


cited.  The  instruments,  calibration  points,  and 
interpolation  equations  to  be  used  in  the  various 
ranges  of  the  scale  are  summarized  in  table  2. 

Methods  of  improving  the  International  Tem¬ 
perature  Scale  are  subjects  of  continuous  study  in 
many  laboratories.  Although  such  studies  may 
result  in  minor  changes  in  the  values  assigned  to 
fixed  points  or  in  the  substitution  of  one  fixed  point 
for  another,  they  will  not  alter,  in  general,  the 
methods  of  calibrating  thermocouples. 

2.2.  General  Methods 

In  order  to  calibrate  thermocouples  to  yield 
temperatures  on  the  International  Temperature 
Scale,  it  is  apparent  from  the  definition  that  they 
must  be  so  calibrated  that  their  indications  agree 
with  those  of  the  standard  platinum-resistance 
thermometer  in  the  range  —182.970°  to  630.5°  C, 
the  standard  platinum  versus  platinum-1 0-percent- 
rhodium  thermocouple  in  the  range  630.5°  to 
1,063.0°  C,  and  the  optical  pyrometer  above 
1,063.0°  C.  The  most  direct  procedure  would 
therefore  be  to  compare  the  thermocouples 
directly  with  these  primary  instruments  in  the 
appropriate  temperature  ranges.  However,  to 
follow  such  a  procedure  in  the  calibration  of  every 
thermocouple  requires  more  time  and  apparatus 
than  is  justifiable  or  necessary  because,  in  most 
cases,  other  methods  are  available  which  yield 
results  sufficiently  accurate.  For  example,  a 
thermocouple  may  be  compared  indirectly  with 
any  of  the  primary  instruments  by  determining  its 
emf  at  a  number  of  fixed  points,  either  those  which 
are  used  in  defining  the  scale  or  others,  the  values 
for  which  have  been  determined  with  the  primary 
instruments.  If  a  few  laboratories  maintain  the 
apparatus  necessary  to  calibrate  thermocouples 


as  working  standards  to  yield  temperatures  on  the 
International  Temperature  Scale,  these  standards 
may  be  used  subsequently  to  calibrate  other 
thermocouples.  This  procedure  is  used  far  more 
than  any  other  because  the  comparison  of  the 
indications  of  two  thermocouples  is  usually 
simpler  than  the  comparison  of  two  different  types 
of  instruments. 

The  temperature-emf  relationship  of  a  homo¬ 
geneous  3  thermocouple  is  a  definite  physical 
property  and,  therefore,  does  not  depend  upon 
the  details  of  the  apparatus  or  method  employed 
in  determining  this  relation.  Consequently,  there 
are  innumerable  methods  of  calibrating  thermo¬ 
couples,  the  choice  of  which  depends  upon  the 
type  of  thermocouple,  temperature  range,  accu¬ 
racy  required,  size  of  wires,  apparatus  available, 
and  personal  preference. 

Thermocouple  calibrations  are  required  with 
various  degrees  of  accuracy,  ranging  from  0.1°  to 
5°  or  10°  C.  For  an  accuracy  of  0.1°  C,  agree¬ 
ment  with  the  International  Temperature  Scale 
and  methods  of  interpolating  between  the  cali¬ 
bration  points  become  problems  of  prime  impor¬ 
tance,  but  for  an  accuracy  of  about  10°  C,  com¬ 
paratively  simple  methods  of  calibration  will 
usually  suffice.  The  most  accurate  calibrations 
in  the  range  —190°  to  300°  C  are  made  by  com¬ 
paring  the  thermocouples  directly  with  a  standard 
platinum  resistance  thermometer  in  a  stirred 
liquid  bath.  In  the  range  300°  to  630.5°  C  (and 
below  if  a  platinum  resistance  thermometer  or 
stirred  liquid  bath  is  not  available)  thermocouples 
are  most  accurately  calibrated  at  the  freezing  or 
boiling  points  of  pure  substances.  Between 
630.5°  and  1,063.0°  C,  the  platinum  versus 

3  A  homogeneous  thermocouple  is  one  in  which  each  element  Is  homo¬ 
geneous,  in  both  chemical  composition  and  physical  condition,  throughout 
its  length. 
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platinum-1 0-percent-rhodium  thermocouple  cali¬ 
brated  at  the  freezing  points  of  gold,  silver,  and 
antimony  serves  to  define  the  International 
Temperature  Scale,  and  other  types  of  thermo¬ 
couples  are  most  accurately  calibrated  in  this 
range  by  direct  comparison  with  the  standard 
thermocouple  calibrated  as  specified.  Other  plati¬ 
num,  versus  platinum-rhodium  thermocouples 
may  be  calibrated  just  as  accurately  at  the  fixed 
points  as  the  platinum  versus  platinum-1 0-percent- 
rhodium  thermocouple,  but  interpolated  values  at 
intermediate  points  may  depart  slightly  from  the 
International  Temperature  Scale.  Above  1,063.0° 
C,  the  most  basic  calibrations  are  made  by  observ¬ 
ing  the  emf  when  one  junction  of  the  thermocouple 
is  in  a  black-body  furnace,  the  temperature  of 
which  is  measured  with  an  optical  pyrometer. 
However,  the  difficulties  encountered  in  bringing 
a  black-body  furnace  to  a  uniform  temperature 
make  the  direct  comparison  of  these  two  types  of 
instruments  by  no  means  a  simple  matter.  Other 
methods  of  calibrating  a  thermocouple  above 
1,063.0°  C  are  given  under  melting  points  and 
under  methods  of  interpolation. 

Although  the  platinum  versus  platinum-10- 
percent-rhodium  thermocouple  serves  to  define 
the  scale  only  in  the  range  630.5°  to  1,063.0°  C, 
this  type  of  thermocouple  calibrated  at  fixed 
points  is  used  extensively  both  above  and  below 
this  range  as  a  working  standard  in  the  calibration 
of  other  thermocouples.  For  most  industrial  pur¬ 
poses,  a  calibration  accurate  to  2°  or  3°  C  in  the 
range  room  temperature  to  1,200°  C  is  sufficient. 
Other  thermocouples  can  be  calibrated  b}7  com¬ 
parison  with  such  working  standards  almost  as 
accurately  as  the  calibration  of  the  standard  is 
known.  However,  it  might  be  pointed  out  that 
outside  the  range  630.5°  to  1,063.0°  C  any  type 
of  thermocouple  suitable  for  the  purpose,  and 
calibrated  to  agree  with  the  resistance  thermom¬ 
eter  or  optical  pyrometer  in  their  respective 
ranges,  has  as  much  claim  to  yielding  tempera¬ 
tures  on  the  International  Temperature  Scale  as 
the  platinum  versus  platinum-1 0-percent-rhodium 
thermocouple.  In  fact,  at  the  lower  tempera¬ 
tures,  certain  types  of  base-metal  thermocouples 
are  definitely  better  adapted  for  precise 
measurements. 

The  calibration  of  thermocouples  then  may  be 
divided  into  two  general  classes,  depending  upon 
the  method  of  determining  the  temperature  of 
the  measuring  junction,  (1)  calibration  at  fixed 
points  and  (2)  calibration  by  comparison  with 
standard  instruments,  such  as  thermocouples, 
resistance  thermometers,  etc. 

In  order  to  obtain  the  high  accuracies  referred 
to  above  and  usually  associated  with  calibrations 
at  fixed  points,  it  is  necessary  to  follow  certain 
prescribed  methods  and  to  take  the  special  pre¬ 
cautions  described  in  detail  in  the  following  sec¬ 
tions,  but  for  an  accuracy  of  about  5°  C  the  more 
elaborate  apparatus  to  be  described  need  not  be 
employed. 


2.3.  Homogeneity 

The  magnitude  of  the  emf  developed  by  a 
thermocouple  depends  upon  the  temperatures  of 
the  measuring  and  reference  junctions  and  the 
composition  of  the  wires  in  the  region  of  tempera¬ 
ture  gradients.  The  emf  developed  by  an  in¬ 
homogeneous  thermocouple  is  characteristic  of 
the  temperature  of  the  measuring  junction  only 
when  the  region  of  inhomogeneity  is  not  in  a 
region  of  temperature  gradients.  Therefore,  in 
order  to  obtain  a  high  degree  of  accuracy  with 
a  thermocouple,  the  homogeneity  of  the  wires 
must  be  established. 

Thermocouple  wire  now  being  produced  by  the 
manufacturers  in  this  country  is  sufficiently  ho¬ 
mogeneous  in  chemical  composition  for  most 
purposes.  Occasionally,  inhomogeneity  in  a  ther¬ 
mocouple  may  be  traced  to  the  manufacturer, 
but  such  cases  are  rare.  More  often  it  is  intro¬ 
duced  in  the  wires  during  tests  or  use.  It  usually 
is  not  necessary,  therefore,  to  examine  new  ther¬ 
mocouples  for  inhomogeneity,  but  thermocouples 
that  have  been  used  for  some  time  should  be  so 
examined  before  an  accurate  calibration  is 
attempted. 

Although  rather  simple  methods  are  available 
for  detecting  thermoelectric  inhomogeneity,  no 
satisfactory  method  has  been  devised  for  quan¬ 
titatively  determining  it  or  the  resulting  errors  in 
the  measurement  of  temperatures.  Tests  for  in¬ 
homogeneity  must  be  so  designed  that  the  method 
of  testing  does  not  of  itself  introduce  inhomogenei¬ 
ties  into  the  wire  being  tested.  Abrupt  changes 
in  the  thermoelectric  power  may  be  detected  by 
connecting  the  two  ends  of  the  wire  to  a  sensitive 
galvanometer  and  slowly  moving  a  sharp  temper¬ 
ature  gradient,  such  as  that  produced  by  a  piece 
of  solid  carbon  dioxide,  a  Bunsen  burner,  or  small 
electric  furnace,  along  the  wire.  This  method  is 
not  satisfactory  for  detecting  gradual  changes  in 
the  thermoelectric  power  along  the  length  of  the 
wire.  Inhomogeneity  of  this  nature  may  be  de¬ 
tected  by  doubling  the  wire  and  inserting  it  to 
various  depths  in  a  uniformly  heated  furnace, 
the  two  ends  of  the  wire  being  connected  to  a 
galvanometer  as  before.  If,  for  example,  the 
doubled  end  of  the  wire  is  immersed  25  cm  in  a 
furnace  with  a  sharp  temperature  gradient  so 
that  two  points  on  the  wire  50  cm  apart  are  in 
the  temperature  gradient,  the  emf  determined 
with  the  galvanometer  is  a  measure  of  the  differ¬ 
ence  in  the  thermoelectric  properties  of  the  wire 
at  these  two  points. 

After  reasonable  homogeneity  of  one  sample  of 
wire  has  been  established,  it  may  be  used  in  testing 
the  homogeneity  of  similar  wires  by  welding  the 
two  together  and  inserting  the  junction  into  a 
heated  furnace.  The  resulting  emf  at  various 
depths  of  immersion  may  be  measured  by  any 
convenient  method.  Other  similar  methods  have 
been  described  for  detecting  inhomogeneity  [3]. 

Tests  such  as  those  described  above  will  indicate 
the  uncertainty  in  temperature  measurements 


92/3 


due  to  inhomogeneity  in  the  wires.  For  example, 
if  a  difference  in  em.f  of  10  microvolts  (abbreviated 
hereafter  /xv)  is  detected  along  either  element  of  a 
platinum,  versus  platinum-rhodium  thermocouple 
by  heating  various  parts  of  the  wire  to  600°  C, 
measurements  made  with  it  are  subject  to  an 
uncertainty  of  the  order  of  1°  at  600°  C  or  of  2° 
at  1,200°  C.  Similarly,  if  an  em.f  of  10  /xv  is 
detected  along  an  element  of  a  base-metal  thermo¬ 
couple  with  a  source  of  heat  at  100°  C,  measure¬ 
ments  made  with  it  are  subject  to  an  uncer¬ 
tainty  of  the  order  of  0.2°  C  at  this  temperature. 
The  effects  of  inhomogeneity  in  both  wires  may 
be  either  additive  or  subtractive,  and,  as  the  em.f 
developed  along  an  inhomogeneous  wire  depends 
upon  the  temperature  distribution,  it  is  evident 
that  corrections  for  inhomogeneity  are  impracti¬ 
cable  if  not  impossible. 

2.4.  Annealing 

Practically  all  base-metal  thermocouple  wire 
produced  in  this  country  is  annealed  or  given  a 
“stabilizing  heat  treatment”  by  the  manufacturer. 
Such  treatment  is  generally  considered  sufficient, 
and  seldom  is  it  found  advisable  to  further  anneal 
the  wire  before  testing. 

Although  the  new  platinum  and  platinum- 
rhodium  thermocouple  wires  as  sold  by  some 
manufacturers  are  already  annealed,  it  has  be¬ 
come  regular  practice  in  many  laboratories  to 
anneal  or  “stabilize”  all  platinum  versus  platinum- 
rhodium  thermocouples,  whether  new  or  previously 
used,  before  attempting  an  accurate  calibration. 
This  is  usually  accomplished  by  beating  the  wire 
electrically  in  air.  The  entire  length  of  wire  is 
supported  between  two  binding  posts,  which 
should  be  close  together  so  that  the  tension  in  the 
wires  and  stretching  while  hot  are  kept  at  a 
minimum.  The  temperature  of  the  wire  is  most 
conveniently  determined  with  an  optical  pyrom¬ 
eter.4  It  is  necessary,  however,  to  add  a  cor¬ 
rection  to  the  observed  apparent  temperature  to 
obtain  the  true  temperature,  which  is  always  the 
higher.  The  correction  (based  on  an  emissivity 
of  0.33)  amounts  to  130°  and  145°  C,  respectively, 
for  apparent  temperatures  of  1,270°  and  1,355°  C. 

There  is  some  question  as  to  the  optimum  tem¬ 
perature  or  length  of  time  at  which  such  thermo¬ 
couples  should  be  annealed  to  produce  the  most 
constant  characteristics  in  later  use  [4].  As  a 
matter  of  fact,  there  is  some  question  as  to  whether 
annealing  for  more  than  a  few  minutes  is  harmful 
or  beneficial.  Most  of  the  mechanical  strains 
are  relieved  during  the  first  few  minutes  of  heating 
at  1,400°  to  1,500°  C,  but  it  has  been  claimed  that 
the  changes  in  the  thermal  emf  of  a  thermocouple 
in  later  use  will  be  smaller  if  the  wires  are  heated 
for  several  hours  before  calibration  and  use.  The 

4  The  ordinary  portable  type  of  optical  pyrometer  is  very  satisfactory  for 
this  purpose.  As  commonly  used,  the  magnification  is  too  low  for  sighting 
upon  an  object  as  small  as  the  wires  of  rare-metal  thermocouples,  but  this  is 
easily  remedied  by  inserting  an  additional  piece  of  telescoping  tubing  so  that 
the  objective  lens  of  the  pyrometer  is  about  twice  as  far  from  the  pyrometer 

lamp  as  it  is  when  sighting  upon  distant  objects,  or  by  using  an  objective  lens 
of  higher  magnification. 


principal  objection  to  annealing  thermocouples  for 
a  long  time  at  high  temperatures,  aside  from  the 
changes  in  emf  taking  place,  is  that  the  wires  are 
weakened  mechanically  as  a  result  of  crystal 
growth.  For  a  number  of  years  prior  to  1935,  the 
practice  at  the  National  Bureau  of  Standards  was 
to  anneal  all  platinum,  versus  platinum-rhodium 
thermocouples  electrically  in  air  for  6  hr  at 
1,500°  C  before  calibration.  The  emf  of  a  num¬ 
ber  of  new  thermocouples  wras  determined  both 
after  annealing  for  5  min  and  for  6  hr  at  1,500° 
C,  and  in  no  case  did  the  change  in  emf  correspond 
to  as  much  as  2°  C  at  1,200°  C.  After  6  hr  of 
heating,  the  wires,  particularly  the  platinum 
element,  become  much  softer.  It  has  been  found, 
however,  that  annealing  at  temperatures  much 
above  1,500°  C  produces  rapid  changes  in  the 
emf  and  leaves  the  wire  very  weak  mechanically. 
The  National  Bureau  of  Standards,  on  January  2, 
1935,  adopted  the  procedure  of  annealing  all 
platinum  versus  platinum-rhodium  thermocouples 
for  1  hr  at  1,450°  C. 

It  has  not  been  demonstrated  conclusively  that 
platinum  versus  platinum-rhodium  thermocouples 
after  contamination  can  be  materially  improved 
in  homogeneity  by  prolonged  heating  in  air, 
although  it  is  logical  to  suppose  that  certain  im¬ 
purities  can  be  driven  off  or,  through  oxidation, 
rendered  less  detrimental. 

2.5.  Instruments 

One  of  the  factors  in  the  accuracy  of  the  cali¬ 
bration  of  a  thermocouple  is  the  accuracy  of  the 
instrument  used  to  measure  the  emf.  Fortu¬ 
nately,  in  most  instances,  an  instrument  is  avail¬ 
able  whose  performance  is  such  that  the  accuracy 
of  the  calibration  need  not  be  limited  by  the 
accuracy  of  the  emf  measurements.  For  work  of 
the  highest  accuracy,  it  is  advisable  to  use  a 
potentiometer  of  the  type  designed  by  Diessel- 
horst  [5],  White  [6],  Wenner  [7],  or  Bonn,5  in  which 
there  are  no  slide  wires  and  in  which  all  the  settings 
ai'e  made  by  means  of  dial  switches.  However, 
for  most  work,  in  which  an  accuracy  of  a  few  micro¬ 
volts  will  suffice,  slide-wire  potentiometers  of  the 
laboratory  type  are  sufficiently  accurate.  Port¬ 
able  potentiometers  accurate  within  about  50  /xv 
and  capable  of  being  read  to  about  5  /xv  are  also 
available.  Aside  from  the  greater  sensitivity 
obtained,  an  important  advantage  of  using  a 
potentiometer  is  the  fact  that  the  reading  obtained 
is  independent  of  the  resistance  of  the  thermo¬ 
couple. 

Indicators  of  the  galvanometric  type  are  seldom 
used  in  making  calibrations.  Galvanometer  indi¬ 
cators  should  be  graduated  for  a  specified  external 
resistance  of  thermocouple  and  extension  wires, 
and  the  resistance  of  the  indicator  itself  should  be 
high  in  order  to  reduce  the  effects  of  changes  in 
the  resistance  of  the  thermocouple  and  leads.  A 
discussion  of  these  factors  is  given  in  NBS  Techno¬ 
logic  Paper  Tl70  (1921). 

s  Designed  by  N.  E.  Bonn,  of  the  Rubicon  Co. 
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3.  Calibration  at  Fixed  Points 


One  of  the  important  applications  of  the  method 
of  calibrating  thermocouples  at  fixed  points  is 
found  in  the  calibration  of  platinum  versus 
platinum-1 0-percent-rhodium  thermocouples,  to 
realize  the  International  Temperature  Scale  in  the 
range  630.5°  to  1063.0°  C.  From  such  a  calibra¬ 
tion,  together  with  methods  of  extrapolation  de¬ 
scribed  later,  the  temperature-emf  relationship  of 
this  type  of  thermocouple  may  be  determined  with 
an  accuracy  of  about  2°  C  at  1,450°  C.  Calibra¬ 
tion  at  a  few  other  selected  points  below  630.5°  C 
will  yield  a  working  standard  that  is  accurate  to  a 
few  tenths  of  a  degree  in  the  range  0°  to  1,100°  C. 


Fixed  points  are  also  conveniently  used  with 
various  degrees  of  accuracy  ranging  from  0.1°  to 
5°  C  in  the  calibration  and  checking  of  various 
types  of  thermocouples  in  the  range  — 190°  C  to  the 
melting  point  of  platinum  (1,769°  C).  The  fixed 
points  for  which  values  have  been  assigned  or 
determined  accurately  and  at  which  it  has  been 
found  convenient  to  calibrate  thermocouples  are 
given  in  table  3.  The  values  in  the  table  apply 
for  a  pressure  of  1  standard  atmosphere  (760  mm 
of  Hg)  and  the  variations  of  the  boiling  tempera¬ 
tures  with  pressure  are  given  in  the  last  column. 


Table  3.  Fixed  points  available  for  calibrating  thermocouples 


Tbermometric  fixed  point 


Values  on  the  International  Temperature 
Seale  of  1948 


Temperature  of  equilibrim  (*,)  in  degrees  C  as  a  function  of  the 
pressure  (p)  between  680  and  780  mm  of  mercury,  po  is  stand¬ 
ard  atmospheric  pressure. 


Boiling  point  of  oxygen. 


Sublimation  point  of  carbon  di¬ 
oxide. 

Freezing  point  of  mercury _ 

Ice  point _ 

Triple  point  of  water _ 


Boiling  point  of  water _ 

Triple  point  of  benzoic  acid _ 

Boiling  point  of  naphthalene _ 

Freezing  point  of  tin» _ 

Boiling  point  of  benzopbenone.. 

Freezing  point  of  cadmium _ 

Freezing  point  of  leada _ 

Freezing  point  of  zinca _ 

Boiling  point  of  sulfur . . 

Freezing  point  of  antimony _ 


Freezing  point  of  aluminum® _ 

Freezing  point  of  silver _ 

Freezing  point  of  gold _ 

Freezing  point  of  copper  a _ 

Freezing  point  of  palladium _ 

Freezing  point  of  platinum _ 


Assigned 
(primary  points) 


°C 

-18?  970 


0 

100 


444. 600 


960.8 
1063. 0 


°F 

-297.  346 


32 

212 


832. 280 


1761.4 

1945. 4 


Determined 
(secondary  points) 


°C 


-78.5 
-38. 87 

~+6.6ioo 

122. 36 
218.0 

231.9 

305.9 

320.9 
327.3 

419.5 

630.5 
660.1 


1083 

1552 


1769 


-109.3 

-37.  97 
~32. 0180 

252. 25 

424.4 

449.4 

582.6 

609.6 
621. 1 
787. 1 

1166.  9 
1220. 2 


1981 

2826 

3216 


*,=  -182.970+9.530  (-1)  -3.72^-iy+2.2  (^_1)3 
*,=  -78.5+12.12  (g-l)-6.4  (g-l)’ 

*,  =  100+28.012  (  2.-1) -11.64  (g-l)+7.1  (£-l)3 
*,=218.0+44.4  (g-l)-19  (g-l)2 
*,=305.9+48.8  (g-l)~21  g-l)’ 

*,=444.600+69.010  (^-l) -27.48  1  ^ 3+19.14^^— 1 ) ’ 


»  The  values  given  In  this  table  for  these  materials  are  the  values  stated  In  tbe  International  Temperature  Scale  of  1948.  Standard  Samples  of  these 
materials  are  procurable  from  the  National  Bureau  of  Standards  with  certificates  giving  the  freezing  point  of  the  particular  lot  of  metal. 


In  selecting  the  points  at  which  to  calibrate  a 
thermocouple,  one  sometimes  has  a  choice  between 
a  boiling  or  a  freezing  point 6  as,  for  example, 
between  the  boiling  point  of  sulfur  (444.600°  C)  and 
the  freezing  point  of  zinc  (419.5°  C) ;  between  the 
boiling  point  of  naphthalene  (218.0°  C)  and  the 
freezing  point  of  tin  (231.9°  C) ;  or  between  the  boil¬ 


6  In  this  Circular,  “boiling  point”  is  used  for  the  temperature  of  equilibrium 
between  the  liquid  and  vapor  phases,  although  the  point  is  usually  realized 
experimentally  by  immersing  the  thermocouple  in  the  condensing  vapor. 
“Freezing  point”  is  used  for  the  temperature  of  equilibrium  between  the  solid 
and  liquid  phases  when  the  point  is  realized  experimentally  by  Immersing 
the  thermocouple  In  the  freezing  material,  and  “melting  point”  is  used  for 
the  same  point  when  it  is  realized  experimentally  by  determining  the  emf 
of  a  thermocouple  while  the  material  is  melting.  When  conditions  permit  a 
choice,  freezing  points  are  preferable  to  melting  points  of  metals  because  the 
molten  metal  can  be  brought  to  a  uniform  temperature  just  prior  to  freezing 
by  stirring  more  easily  than  the  solid  can  be  brought  to  a  uniform  temperature 
just  prior  to  melting,  a  condition  that  must  be  met  to  obtain  accurate  results. 


ing  point  of  benzophenone  (305.9°  C)  and  the  freez¬ 
ing  point  of  cadmium  (320.9°  C)  or  lead  (327.3°  C). 
In  determining  the  emf  of  a  thermocouple  at  a 
freezing  point,  the  time  in  which  observations 
may  be  taken  is  limited  to  the  period  of  freezing, 
after  which  the  material  must  be  melted  again 
before  taking  further  observations.  In  the  case 
of  boiling  points,  there  is  no  such  limit  in  time 
since  the  material  can  be  boiled  continuously. 
In  addition,  there  is  sometimes  a  question  as  to 
the  beginning  and  end  of  the  interval  of  constant- 
temperature  characteristic  of  freezing.  On  the 
other  hand,  it  is  not  necessary  to  observe  the 
pressure  during  freezing  and,  in  general,  simpler 
apparatus  and  less  skill  are  required  to  obtain  a 
given  accuracy  with  freezing  points. 
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3.1.  Freezing  Points 

The  emf  developed  by  a  homogeneous  thermo¬ 
couple  at  the  freezing  point  of  a  metal  is  constant 
and  reproducible  if  all  of  the  following  conditions 
are  fulfilled:  (1)  The  thermocouple  is  protected 
from  contamination,  (2)  the  thermocouple  is 
immersed  in  the  freezing-point  sample  sufficiently 
far  to  eliminate  heating  or  cooling  of  the  junction 
by  heat  flow  along  the  wires  and  protection  tube, 
(3)  the  reference  junctions  are  maintained  at  a 
constant  and  reproducible  temperature,  (4)  the 
freezing-point  sample  is  pure,  and  (5)  the  metal  is 
maintained  at  essentially  a  uniform  temperature 
during  freezing.  The  methods  of  obtaining  these 
conditions  are  subject  to  a  choice.  However,  the 
essential  features  of  the  methods  employed  at  the 
National  Bureau  of  Standards  are  described  here. 

a.  Protection  Tubes 

Closed-end  porcelain  or  Pyrex-glass  tubes  are 
generally  used  to  protect  thermocouples  from 
contamination,  which  usually  results  from  the 
thermocouple  wires  coming  in  contact  with  other 
metals  or  metallic  vapors  or  from  the  action  of 
reducing  gases  at  high  temperatures.  In  the 
latter  case,  the  silica  of  the  insulating  or  protecting 
tube  is  reduced  to  silicon,  which  alloys  with  the 
thermocouple  wires  [8].  For  temperatures  above 
500°  C,  the  wires  should  be  insulated  by  porcelain 
tubing  and  protected  from  contamination  by  a 
glazed  porcelain  tube.  It  is  advisable  to  heat 
these  tubes  before  use,  to  about  1,200°  C  in  an 
oxidizing  atmosphere  to  burn  out  any  carbona¬ 
ceous  material  that  may  have  collected  in  them 
during  storage  and  shipping.  Protection  tubes 
5-mm  inside  diameter,  7-mm  outside  diameter, 
and  50  cm  long  are  convenient  for  platinum  versus 
platinum-rhodium  thermocouples  insulated  by 
two-hole  insulating  tubes  50  cm  long  and  4  mm  in 
diameter  with  1-mm  holes.  For  temperatures 
below  500°  C,  Pyrex  tubes  are  very  satisfactory 
for  both  protecting  and  insulating  the  wires. 

b.  Depth  of  Immersion 

The  depth  of  the  immersion  necessary  to  avoid 
heating  or  cooling  of  the  junction  by  heat  flow 
along  the  thermocouple  wires  and  protection  tube 
depends  upon  the  material  and  size  of  the  wires, 
the  dimensions  of  the  insulating  and  protecting 
tubes,  and  the  difference  between  the  temperature 
of  the  freezing-point  sample  and  that  of  the 
furnace  and  atmosphere  immediately  above  it. 
The  safest  method  of  determining  whether  the 
depth  of  immersion  is  sufficient  is  by  trial.  It 
should  be  such  that  during  the  period  of  freezing 
the  thermocouple  can  be  lowered  or  raised  at 
least  1  cm  from  its  normal  position  without 
altering  the  indicated  emf  by  as  much  as  the 
allowable  uncertainty  in  the  calibration.  For 
platinum  versus  platinum-rhodium  thermocouples 
in  the  protection  tube  described  above,  a  depth  of 
10  cm,  which  is  greater  than  necessary,  is  used  at 
the  National  Bureau  of  Standards. 


c.  Reference-Junction  Temperature  Control 

The  temperature  of  the  reference  junctions  is 
most  easily  controlled  at  a  known  temperature  by 
placing  them  in  an  ice  bath.  A  wide-mouthed 
Dewar  flask  filled  with  shaved  ice  saturated  with 
water  is  very  satisfactory.  Electrical  connection 
between  a  thermocouple  wire  and  a  copper  lead 
wire  is  easily  made  by  inserting  them  into  a  small 
glass  tube  containing  a  few  drops  of  mercury. 
The  glass  tubes  are  then  inserted  into  the  ice 
bath  to  a  depth  of  about  10  cm.  The  extension 
wires  must  be  insulated  from  the  thermocouple 
wires,  except  where  they  make  contact  through 
the  mercury.  It  is  preferable  that  the  insulation 
on  the  wires  extends  below  the  level  of  the  mercury. 
The  glass  tubes  should  be  kept  clean  and  dry  in¬ 
side.  Moisture  is  likely  to  condense  in  the  tube 
from  the  atmosphere  but  should  not  be  allowed 
to  accumulate.  A  little  moisture  and  dirt  at 
the  bottom  of  the  tube  will  form  a  galvanic  cell, 
which  may  vitiate  the  readings.  A  later  section 
deals  with  ref erence-j unction  temperatures  in 
general. 

d.  Purity  of  Freezing-Point  Samples 

The  temperature  at  which  a  metal  freezes  de¬ 
pends  upon  the  amount  and  kind  of  impurities 
present.  The  values  in  table  3  apply  for  metals, 
the  purity  of  which  is  of  the  order  of  99.99  per¬ 
cent.  The  freezing  temperature  of  silver,  gold, 
or  copper  may  be  lowered  by  as  much  as  0.1°  C 
and  that  of  antimony,  aluminum,  zinc,  lead, 
cadmium,  tin,  or  mercury  by  as  much  as  0.05° 
C  by  0.01  percent  of  impurities.  The  purity  of 
the  Standard-Sample  freezing-point  materials 
issued  by  the  National  Bureau  of  Standards  is 
not  of  great  importance,  as  a  certificate  is  issued 
with  each  sample  giving  the  freezing  temperature 
determined  on  that  particular  lot  of  metal.  How¬ 
ever,  the  purest  metals  available  are  selected  for 
these  Standard  Samples  because  a  high  degree 
of  purity  is  necessary  in  order  that  the  metal  may 
give  a  flat  freezing  curve. 

e.  Crucibles 

Of  the  crucible  materials  ordinarily  used,  highly 
purified  graphite  has  the  greatest  utility  and  is 
used  almost  exclusively  at  NBS  for  this  work. 
It  can  be  machined  into  any  desired  shape,  and 
can  be  used  in  contact  with  any  of  the  freezing- 
point  materials  in  table  3  except  palladium  and 
platinum  without  detectable  contamination  of 
the  metals.  At  high  temperatures,  the  gases 
formed  from  its  oxidation  provide  the  reducing 
atmosphere  usually  necessary  for  the  protection 
of  the  freezing-point  metal.  Copper  and  copper 
oxide  form  a  eutectic  which  melts  about  20°  C 
lower  than  pure  copper,  and  it  is  possible  for  mol¬ 
ten  silver  to  absorb  enough  oxygen  from  the  air 
to  lower  its  freezing  point  as  much  as  10°  C  [9]. 
Therefore,  copper  and  silver  must  be  protected 
from  oxygen,  and  it  is  advisable  also  to  protect 
aluminum  and  antimony  from  oxygen.  This  is 
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Figure  1.  Arrangement  for  protecting  a  thermocouple  in 
molten  aluminum. 


SCALC  /W  CCNTIHCTCRS 


Figure  2.  Furnace  used  in  calibrating  thermocouples  at 
freezing  points  of  metals. 

A,  Porcelain  protecting  tube;  B.  refractory  furnace  tube;  C,  heating  element 
(80  nickel,  20  chromium);  D,  graphite  diaphragms;  E,  control  thermo¬ 
couple  (Chromel-Alumel);  G,  graphite  powder;  H,  graphite  crucible;  I, 
sheet  steel;  L,  insulating  blocks;  M,  freezing-point  metal;  N,  cast-iron 
base;  O,  powdered  diatomaceous  earth  insulation. 


done  by  using  graphite  crucibles  with  covers  of 
the  same  material,  and  as  an  added  precaution 
these  freezing-point  metals  are  covered  with 
powdered  graphite  or  charcoal. 

Porcelain  tubes  or  crucibles,  or  any  material 
containing  silica,  cannot  be  used  in  contact  with 
aluminum,  as  the  silica  is  readily  attacked. 
Aluminum  is  melted  in  a  graphite  crucible  and  the 
porcelain  protecting  tube  separated  from  the 
aluminum  by  a  very  thin  sheath  of  graphite. 
Figure  1  illustrates  one  convenient  manner  in 
which  the  sheath  may  be  mounted  in  the  crucible. 
The  sheath  is  held  down  in  the  metal  by  the  weight 
of  the  cover  and  is  allowed  to  remain  in  the 
crucible  after  the  aluminum  is  frozen.  The  ther¬ 
mocouple  protecting  tube  fits  snugly  inside  the 
sheath.  At  the  National  Bureau  of  Standards 
the  graphite  crucibles  used  for  gold,  silver,  anti¬ 
mony,  and  zinc  are  3-cm  inside  diameter  and  15 
cm  deep.  The  crucibles  used  for  copper,  alumi¬ 
num,  lead,  and  tin  are  5-cm  inside  diameter  and 
15  cm  deep.  Porcelain,  silica,  clay,  clay  graphite, 
and  Pyrex  glass  are  also  used  as  crucible  mate¬ 
rials.  Pyrex  glass  is  very  suitable  for  mercury. 


f.  Furnaces 

Figure  2  shows  the  type  of  furnace  used  in  the 
freezing-point  determinations.  The  heating  ele¬ 
ment  is  No.  6  or  8  gage  nickel(80)-chromium(20) 
wire  wound  on  a  refractory  tube  and  imbedded  in 
refractory  cement.  The  space  between  the  heating 
element  and  the  outside  wall  is  filled  with  powdered 
diatomaceous  earth.  Graphite  diaphragms  are 
placed  above  the  crucible  in  order  to  reduce  the 
oxidation  of  the  crucibles  and  to  promote  tempera¬ 
ture  uniformity  in  the  metal. 

g.  Procedure 

In  the  calibration  of  a  thermocouple  at  freezing 
points,  the  thermocouple,  properly  protected,  is 
slowly  immersed  in  the  molten  metal.  The  metal 
is  brought  to  essentially  a  uniform  temperature 
at  the  beginning  of  freezing  by  holding  its  temper¬ 
ature  constant  at  about  10°  C  above  the  freezing 
point  for  several  minutes  and  then  cooling  slowly, 
or  by  agitating  the  metal  with  the  thermocouple 
protection  tube  just  before  freezing  begins.  The 
emf  of  the  thermocouple  is  observed  at  regular 
intervals  of  time.  These  values  are  plotted,  and 
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the  emf  corresponding  to  the  flat  portion  of  the 
cooling  curve  is  the  emf  at  the  freezing  point 
of  the  metal. 

Antimony  and  tin  have  a  marked  tendency  to 
undercool  before  freezing,  but  the  undercooling 
will  not  be  excessive  if  the  liquid  metal  is  stirred. 

3.2.  Melting  Points 

The  emf  of  a  thermocouple  at  the  melting  point 
of  a  metal  may  be  obtained  in  the  same  manner 
and  with  the  same  apparatus  as  that  just  described 
for  freezing  points,  but  the  latter  are  found  to  be 
more  satisfactory.  However,  melting  points  are 
used  to  advantage  when  only  a  limited  amount 
of  material  is  available.  One  method  of  obtaining 
the  emf  of  a  thermocouple  at  a  melting  point  with 
a  small  amount  of  material  is  the  wire  method 
[10].  In  this  method,  the  thermocouple  wires  are 
placed  in  a  two-hole  insulating  tube  and  a  short 
length  of  the  melting-point  sample,  in  the  form 
of  wire  about  the  same  diameter  as  the  thermo¬ 
couple  elements,  is  welded  between  the  measuring 
junction  ends  of  the  two  wires.  The  dimensions 
of  the  melting-point  sample  are  not  critical,  but 
there  should  be  at  least  1  mm  of  wire  between  the 
two  welds.  In  order  that  the  melting-point  sample 
shall  not  break  before  the  melting  point  is  reached, 
the  weld  should  be  made  and  the  thermocouple 
placed  in  the  furnace  so  that  there  is  a  minimum 
of  strain  on  the  melting-point  sample.  The 
measuring  junction  end  of  the  thermocouple  with 
the  melting-point  sample,  is  placed  in  a  uniformly 
heated  section  of  a  furnace  and  the  temperature 
increased  very  slowly  as  the  melting  point  is 
approached.  When  the  sample  reaches  its  melting 
point,  its  temperature  and  consequently  the  emf 
of  the  thermocouple  remain  constant  for  a  fraction 
of  a  minute  (varying  with  the  rate  of  temperature 
rise).  After  melting  is  complete,  the  temperature 
of  the  wire  and  the  emf  may  rise  somewhat  before 
the  circuit  is  broken  by  the  separation  of  the 
molten  metal.  The  value  of  the  emf  corresponding 
to  the  melting  point  is,  therefore,  the  value  at  the 
halt  in  the  emf  rise  and  is  obtained  by  continuous 
observation  of  the  emf  as  melting  is  approached 
or  by  plotting  time  versus  emf. 

The  metal  most  often  used  in  the  calibration  of 
thermocouples  by  the  wire  method  is  gold,  and  it 
has  been  demonstrated  that  results  can  be  obtained 
which  are  in  agreement  with  those  obtained  with 
a  crucible  of  freezing  gold  to  a  few  tenths  of  a 
degree.  The  same  method  has  been  used  with 
palladium,  but  with  much  less  satisfactory  results 
because  of  electric  leakage  through  the  refractory 
insulation  at  high  temperatures  and  the  oxidation 
of  the  palladium.  This  method  is  not  well  adapted 
to  metals  that  oxidize  rapidly,  and  if  used  with 
materials  whose  melting  temperature  is  altered 
by  the  oxide,  the  metal  should  be  melted  in  a 
neutral  atmosphere. 

If  very  accurate  observations  of  the  emf  are  not 
required,  the  emf  at  the  instant  the  circuit  is 


broken  may  be  taken,  but  if  this  is  done  the  ther¬ 
mocouple  should  be  withdrawn  from  the  furnace 
immediately  and  the  sample  examined  to  see 
whether  the  circuit  was  broken  by  the  sample 
melting  or  by  strain  on  it  before  melting  occurred. 

It  is  not  necessary  to  weld  the  wire  between  the 
thermocouple  elements,  as  fairly  good  results 
may  be  obtained  by  wrapping  a  small  amount  of 
the  wire  around  the  junction.  This  practice  is 
often  applied  to  base-metal  thermocouples  by 
wrapping  wires  of  tin,  lead,  zinc,  or  aluminum 
around  the  measuring  junction  and  heating  it 
until  a  halt  is  observed  in  the  heating  curve. 

One  method  of  checking  platinum  versus 
platinum-rhodium  thermocouples  at  the  highest 
possible  point  is  by  heating  the  junction  of  the 
thermocouple  until  the  platinum  wire  melts.  To 
avoid  electric  leakage,  the  insulating  tube  is  with¬ 
drawn  to  the  colder  parts  of  the  heating  device 
leaving  only  the  wires  and  junction  in  the  hotter 
parts. 

3.3.  Boiling  Points 

Boiling  points  play  an  important  part  in  the 
definition  of  the  International  Temperature  Scale, 
because  3  of  the  4  points  upon  which  the  scale 
between  —182.970°  and  +630.5°  C  is  based  are 
the  boiling  points  of  oxygen,  water,  and  sulfur. 
However,  boiling  points,  with  the  exception  of 
that  of  water,  are  seldom  used  in  the  calibration 
of  thermocouples,  and  consequently  the  methods 
of  realizing  these  various  points  will  be  mentioned 
only  briefly  here.  References  are  given  to  com¬ 
plete  discussions  for  those  interested,  as  boiling 
points  might  profitably  be  employed  to  a  greater 
extent,  when  a  platinum-resistance  thermometer 
or  a  stirred  liquid  bath  is  not  available. 

a.  Water  (Steam  Point) 

The  temperature  of  condensing  water  vapor  is 
realized  experimentally  by  the  use  of  a  hypsometer 
so  constructed  as  to  avoid  superheat  of  the  vapor 
around  the  thermocouple  and  contamination  with 
air  and  other  impurities.  Simple  types  of  hyp- 
someters  are  shown  in  various  trade  catalogs. 
Mueller  and  Sligh  [11]  give  a  detailed  description 
of  a  hypsometer  used  in  precision  measurements. 
If  the  proper  conditions  are  attained,  the  observed 
emf  of  the  thermocouple  will  be  independent  of 
the  rate  of  heat  supply  to  the  boiler,  the  length 
of  time  the  hypsometer  has  been  in  operation,  and 
the  depth  of  immersion  of  the  thermocouple. 
The  thermocouple  for  some  distance  from  the  junc¬ 
tion  must  be  shielded  from  radiation  from  hotter 
and  colder  surfaces.  The  relationship  between 
the  temperature  ( tp )  (in  degrees  C)  and  the  pres¬ 
sure  (p)  given  in  table  3  holds  for  the  range 
660  to  860  mm  of  Hg.  The  steam  point  as  real¬ 
ized  by  utilizing  the  condensing  vapor  in  a  hypsom¬ 
eter  is  certainly  accurate  to  0.01°  C.  An  accu¬ 
racy  of  about  1°  C  can  be  obtained  by  merely 
immersing  a  thermocouple  in  boiling  water. 
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b.  Sulfur,  Benzophenone,  and  Naphthalene 

The  boiling  points  of  the  three  materials  above 
are  near  the  freezing  points  of  available  pure 
metals  and  are  very  seldom  used  in  the  calibration 
of  thermocouples.  The  specifications  to  be  fol¬ 
lowed  in  realizing  the  sulfur  point  are  given  in  the 
International  Temperature  Scale  [12].  Detailed 
description  of  the  apparatus  and  precautions  to 
be  observed  for  the  sulfur  boiling  point  are  given 
by  Mueller  and  Burgess  [13].  The  relationship 
between  temperature  and  pressure  for  sulfur  in 
table  3  holds  for  the  range  660  to  800  mm  of  Hg. 
The  procedure  and  apparatus  for  realizing  the 
boiling  points  of  naphthalene  and  benzophenone 
are  the  same  as  those  for  the  boiling  point  of  sulfur. 
Detailed  information  regarding  these  points  is 
given  by  Waidner  and  Burgess  [14]  and  by  Finck 
and  Wilhelm  [15]. 

c.  Oxygen 

The  temperature  of  equilibrium  between  liquid 
and  gaseous  oxygen  is  best  realized  experimentally 
by  the  static  method,  the  oxygen  vapor-pressure 
thermometer  being  compared  with  the  thermo¬ 
couple  to  be  calibrated  in  a  suitable  low-tempera¬ 
ture  bath.  An  oxygen  vapor-pressure  thermom¬ 
eter  is  nothing  more  than  a  glass  tube  containing 
very  pure  oxygen  at  a  pressure  of  several  atmos¬ 
pheres  at  room  temperature,  and  connected  to  a 


mercury -filled  manometer  for  measuring  the  pres¬ 
sure  in  the  tube  [16].  When  the  thermometer 
tube  is  immersed  in  the  bath,  part  of  the  oxygen 
liquefies.  The  relationship  between  the  tempera¬ 
ture  (tp)  (in  degrees  C)  of  the  bath  and  the  pres¬ 
sure  (p)  in  the  thermometer  given  in  table  3  holds 
for  the  range  660  to  860  mm  of  Hg.  This  requires 
that  the  temperature  of  the  bath  be  kept  within 
the  limits  —184.3°  to  —181.8°  C.  This  is  most 
conveniently  done  by  stirring  liquid  oxygen  in  a 
Dewar  flask. 

d.  Carbon-Dioxide  Point 

Although  the  sublimation  point  of  carbon 
dioxide  is  not  a  boiling  point,  the  highest  accuracy 
is  obtained  in  utilizing  this  point,  by  employing 
the  same  method  as  that  for  the  boiling  point  of 
oxygen.  An  instrument  of  this  type  suitable  for 
use  as  a  carbon-dioxide  vapor-pressure  thermom¬ 
eter  is  container  type  3,  described  by  Meyers  and 
Van  Dusen  [17].  The  sublimation  point  of  carbon 
dioxide  may  also  be  utilized  by  immersing  the 
thermocouple  in  a  slush  made  by  mixing  carbon- 
dioxide  snow  with  a  liquid  such  as  acetone.  The 
slush  should  be  stirred  and  the  air  excluded  from 
the  vapor  above  the  surface  of  the  slush.  Whereas 
the  accuracy  obtained  with  a  vapor-pressure  ther¬ 
mometer  is  of  the  order  of  a  few  hundredths  of  a 
degree,  an  accuracy  of  1°  C  is  all  that  can  be 
claimed  for  the  temperature  of  the  slush. 


4.  Calibration  by  Comparison  Methods 


The  calibration  of  a  thermocouple,  by  compari¬ 
son  with  a  working  standard  is  sufficiently  accu¬ 
rate  for  most  purposes  and  can  be  done  conven¬ 
iently  in  most  industrial  and  technical  laboratories. 
The  success  of  this  method  usually  depends  upon 
the  ability  of  the  observer  to  bring  the  junction  of 
the  thermocouple  to  the  same  temperature  as  the 
actuating  element  of  the  standard,  such  as  the 
measuring  junction  of  a  standard  thermocouple  or 
the  bulb  of  a  resistance  or  liquid-in-glass  thermom¬ 
eter.  The  accuracy  obtained  is  further  limited  by 
the  accuracy  of  the  standard.  Of  course,  the  ref¬ 
erence-junction  temperature  must  be  known,  but 
this  can  usually  be  controlled  by  using  an  ice  bath 
as  described  earlier  or  measured  with  a  liquid-in¬ 
glass  thermometer.  The  method  of  bringing  the 
junction  of  the  thermocouple  to  the  same  tem¬ 
perature  as  that  of  the  actuating  element  of  the 
standard  depends  upon  the  type  of  thermocouple, 
type  of  standard,  and  the  method  of  heating. 

4.1.  Platinum  Versus  Platinum-Rhodium 
Thermocouples 

Platinum  versus  platinum-rhodium  thermo¬ 
couples,  either  the  10-  or  13-percent  rhodium,  are 
seldom  used  for  accurate  measurements  below  300° 
C  (572°  F)  and  are  practically  never  used  below  0° 
C,  because  the  thermal  emf  per  degree  of  these 


thermocouples  decreases  rapidly  at  low  tempera¬ 
tures,  becoming  zero  at  about  —138°  C  (  —  216° 
F).  These  thermocouples  are  usually  calibrated 
above  300°  C  by  comparison  with  standard  ther¬ 
mocouples  in  electrically  heated  furnaces.  The 
standard  thermocouple  may  be  either  a  platinum 
versus  platinum  10-  or  13-percent-rhodium 
thermocouple  that  has  been  calibrated  at  fixed 
points  or  by  comparison  with  other  thermo¬ 
couples  so  calibrated. 

The  method  employed  at  the  National  Bureau 
of  Standards  for  the  comparison  of  two  such 
thermocouples  permits  simultaneous  reading  of 
the  emf  of  each  thermocouple  without  waiting  for 
the  furnace  to  come  to  a  constant  temperature. 
In  order  to  insure  equality  of  temperature  between 
the  measuring  junctions  of  the  thermocouples, 
they  are  welded  together.  A  separate  potentiom¬ 
eter  is  used  to  measure  each  emf,  one  connected 
to  each  thermocouple,  and  each  potentiometer  is 
provided  with  a  reflecting  galvanometer.  The 
two  spots  of  light  are  reflected  onto  a  single  scale, 
the  galvanometers  being  set  in  such  a  position  that 
the  spots  coincide  at  the  zero  point  on  the  scale 
when  the  circuits  are  open  and,  therefore,  also 
when  the  potentiometers  are  set  to  balance  the 
emf  of  each  thermocouple.  Simultaneous  read¬ 
ings  are  obtained  by  setting  one  potentiometer  to 
a  desired  value  and  adjusting  the  other  so  that 
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both  spots  of  light  pass  across  the  zero  of  the  scale 
together  as  the  temperature  of  the  furnace  is 
raised  or  lowered. 

By  making  observations,  first  with  a  rising  and 
then  with  a  falling  temperature,  the  rates  of  rise 
and  fall  being  approximately  equal,  and  taking  the 
means  of  the  results  found,  several  minor  errors, 
such  as  those  due  to  differences  in  the  periods  of 
the  galvanometers,  etc.,  are  eliminated  or  greatly 
reduced.  The  differences  between  the  values 
observed  with  rising  and  falling  temperatures  are 
usually  less  than  a  few  microvolts  with  platinum 
versus  platinum-rhodium  thermocouples,  if  the 
periods  of  the  galvanometers  are  approximately 
the  same. 

This  method  is  particularly  adapted  to  the 
calibration  of  thermocouples  at  any  number  of 
selected  points.  For  example,  if  it  is  desired  to 
determine  the  temperature  of  a  thermocouple 
corresponding  to  10.0  mv,  this  emf  is  set  up  on  the 
potentiometer  connected  to  this  thermocouple, 
the  emf  of  the  standard  thermocouple  observed  as 
described  above,  and  the  temperature  obtained 
from  the  emf  of  the  standard.  If  it  is  desired  to 
determine  the  emf  of  a  thermocouple  corresponding 
to  1,000°  C,  the  emf  of  the  standard  correspond¬ 
ing  to  this  temperature  is  set  up  on  the  potenti¬ 
ometer  connected  to  the  standard  and  the  emf  of 
the  thermocouple  being  tested  is  observed  directly. 

In  order  to  calibrate  a  thermocouple  in  the  least 
possible  time  by  this  method,  it  is  necessary  to  use 
a  furnace  that  is  so  constructed  that  it  will  cool 
rapidly.  The  heating  element  of  the  furnace 
used  at  NBS  for  the  routine  testing  of  thermo¬ 
couples  consists  of  a  nickel(80)-cliromium(20) 
tube  clamped  between  two  water-cooled  terminals. 
The  tube,  which  is  13/16-in.  inside  diameter, 
1%6-in.  outside  diameter,  and  24  in.  long,  is 
heated  electrically,  the  tube  itself  serving  as  the 
beating  element  or  resistor.  The  large  current 
necessary  to  heat  the  tube  is  obtained  from  a 
transformer.  A  large  cylindrical  shield  of  sheet 
metal  is  mounted  around  the  heating  tube  to 
reduce  the  radiation  loss.  To  reduce  lag  no 
thermal  insulation  is  used  between  the  heating 
tube  and  the  radiation  shield.  The  middle  part 
of  this  furnace,  for  about  18  in.,  is  at  practically 
a  uniform  temperature,  and  the  water-cooled 
terminals  produce  a  very  sharp  temperature 
gradient  at  each  end.  This  furnace  can  be  heated 
to  1,200°  C  in  about  10  min  with  12  kw  and,  if  all 
the  power  is  shut  off,  will  cool  from  this  tempera¬ 
ture  to  300°  C  in  about  the  same  time.  This 
type  of  furnace  can  be  used  up  to  1,250°  C  (2, 282°“ 
F). 

The  thermocouples  are  insulated  and  protected 
by  porcelain  tubes.  It  is  essential  that  the  two 
potentiometers  and  thermocouple  circuits  be 
separate  except  at  the  point  where  the  junctions 
are  welded  together.  The  reference  junctions  are 
maintained  at  0°  C. 

The  above  method  and  apparatus  were  devised 
primarily  for  the  rapid  testing  of  thermocouples, 


but  it  is  not  necessary  to  follow  this  method  liter¬ 
ally  or  to  procure  identical  apparatus  to  obtain 
good  results.  If  it  is  not  convenient  to  weld  the 
junctions  of  the  thermocouples  together,  they  may 
be  brought  into  fairly  good  contact  by  wrapping 
with  platinum  wire  or  foil.  The  only  advantage 
of  the  furnace  described  above,  over  any  other 
type  of  furnace  in  which  several  inches  of  the 
thermcocouples  may  be  beated  to  a  uniform  tem¬ 
perature,  is  the  flexibility  of  control.  Electric  tube 
furnances  suitable  for  such  comparison  tests  can 
be  obtained,  designed  to  operate  on  either  110  or 
220  v,  and  may  be  obtained  equipped  with  an 
adjustable  power  supply  for  regulating  the  current. 
For  temperatures  up  to  1,150°  C  (2,102°  F),  a 
furnace  with  a  heating  element  of  nickel  (80)- 
chromium  (20)  will  suffice.  Furnaces  with  heat¬ 
ing  elements  of  platinum  or  platinum-rhodium  are 
available  for  higher  temperatures.  A  convenient 
size  of  heating  tube  is  1  in.  in  diameter  and  18  in. 
long.  Even  though  the  furnace  tube  is  kept  fairly 
clean,  it  is  advisable  to  protect  platinum  versus 
platinum-rhodium  thermocouples  by  a  porcelain 
tube.  If  two  potentiometers  are  not  available 
for  taking  simultaneous  readings,  the  furnace 
may  be  brought  to  essentially  a  constant  temper¬ 
ature  and  the  emf  of  each  thermocouple  read 
alternately  on  one  instrument. 

When  the  thermocouples  are  calibrated  by 
welding  or  wrapping  the  junctions  together,  the 
difference  between  the  temperatures  of  the  junc¬ 
tions  should  not  be  great  even  when  the  tempera¬ 
ture  of  the  furnace  is  changing.  If  it  is  necessary 
or  advisable  to  calibrate  the  thermocouples  with¬ 
out  removing  them  from  the  protection  tubes,  then 
the  junctions  of  the  thermocouple  being  tested  and 
that  of  the  standard  should  be  brought  as  close 
together  as  possible  in  a  uniformly  heated  portion 
of  the  furnace.  In  this  case,  it  is  necessary  that 
the  furnace  be  brought  to  approximately  a  con¬ 
stant  temperature  before  taking  observations.  It 
is  usually  not  possible  to  maintain  the  reference 
junctions  at  0°  C  when  the  thermocouples  are 
completely  enclosed  in  protection  tubes.  How¬ 
ever,  extension  leads  may  be  used  with  the  thermo¬ 
couple  or  the  temperature  of  the  reference  junc¬ 
tions  may  be  measured  with  a  thermometer. 

There  are  a  number  of  other  methods  of  heating 
and  of  bringing  the  junctions  to  approximately  the 
same  temperature,  for  example,  inserting  the 
thermocouples  properly  protected  into  a  bath  of 
molten  metal  or  into  holes  drilled  in  a  large  metal 
block.  The  block  of  metal  may  be  heated  in  a 
muffle  furnace  or,  if  made  of  a  good  thermal  con¬ 
ductor  such  as  copper,  may  be  heated  electrically. 
Tin,  which  has  a  low  melting  point,  232°  C  (450° 
F),  and  lowT  volatility,  makes  a  satisfactory  bath 
material.  The  thermocouples  should  be  immersed 
to  the  same  depth  with  the  junctions  close  to¬ 
gether.  Porcelain  tubes  are  sufficient  protection, 
but  to  avoid  breakage  by  thermal  shock  when  im¬ 
mersed  in  molten  metal  it  is  preferable  to  place 
them  inside  of  secondary  tubes  of  iron,  nickel- 
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chromium,  graphite,  or  similar  material.  In  all  of 
these  methods,  particularly  in  those  cases  in  which 
the  junctions  of  the  thermocouples  are  not  brought 
into  direct  contact,  it  is  important  that  the  depth 
of  immersion  be  sufficient  to  eliminate  cooling  or 
heating  of  the  junctions  by  heat  flow  along  the 
thermocouple  and  the  insulating  and  protecting 
tubes.  This  can  be  determined  by  observing  the 
change  in  the  emf  of  the  thermocouple  as  the  depth 
of  immersion  is  changed  slightly.  If  proper  pre¬ 
cautions  are  taken,  the  accuracy  yielded  by  any 
method  of  heating  or  bringing  the  junctions  to  the 
same  temperature  may  be  as  great  as  that  obtained 
by  any  other  method. 

4.2.  Base-Metal  Thermocouples  in  Laboratory 
Furnaces 

The  methods  of  testing  base-metal  thermo¬ 
couples  above  room  temperature  are  generally 
the  same  as  those  just  described  for  testing  rare- 
metal  thermocouples  with  the  exception,  in  some 
cases,  of  the  methods  of  bringing  the  junctions  of 
the  standard  and  the  thermocouple  being  tested 
to  the  same  temperature  and  the  methods  of  pro¬ 
tecting  platinum  versus  platinum-rhodium  stand¬ 
ards  from  contamination.  One  arrangement  of 
bringing  the  junction  of  a  platinum  versus  plati¬ 
num-rhodium  standard  to  the  same  temperature 
as  that  of  a  large  base-metal  thermocouple  for  ac¬ 
curate  calibration  is  to  insert  the  junction  of  the 
standard  into  a  small  hole  (about  1.5  mm  in  diam¬ 
eter)  drilled  in  the  measuring  junction  of  the  base- 
metal  thermocouple  as  shown  in  figure  3.  The 
platinum  versus  platinum-rhodium  standard  is 
protected  by  porcelain  tubes  to  within  a  few 
millimeters  of  the  measuring  junction;  and  the 
end  of  the  porcelain  tube  is  sealed  to  the  thermo¬ 
couple  by  Pyrex  glass  or  by  a  small  amount  of 
kaolin  and  water-glass  cement.  This  prevents 
contamination  of  the  standard  thermocouple,  with 
the  exception  of  the  small  length  of  2  or  3  mm, 
which  is  necessarily  in  contact  with  the  base-metal 
thermocouple.  If  the  furnace  is  uniformly  heated 
in  this  region  (and  it  is  of  little  value  to  make 
such  a  test  unless  it  is)  contamination  at  this  point 
will  not  cause  any  error.  If  the  wire  becomes 
brittle  at  the  junction,  this  part  of  the  wire  may 
be  cut  off  and  enough  wire  drawn  through  the 
seal  to  form  a  new  junction.  The  seal  should  be 
examined  after  each  test  and  remade  if  it  does 
not  appear  to  be  good.  More  than  one  base- 
metal  thermocouple  may  be  welded  together  and 
the  hole  drilled  in  the  composite  junction.  The 


thermocouples  should  be  clamped  in  place  so  that 
the  junctions  remain  in  contact.  If  two  potenti¬ 
ometers  are  used  for  taking  simultaneous  readings, 
the  temperature  of  the  furnace  may  be  changing 
as  much  as  a  few  degrees  per  minute  during  an 
observation,  but  if  a  single  instrument  is  used  for 
measuring  the  emf,  the  furnace  temperature 
should  be  maintained  practically  constant  during 
observations. 

In  testing  one  or  more  small  base-metal  thermo¬ 
couples,  they  may  be  welded  to  the  junction  of 
the  standard.  If  a  base-metal  standard  is  used, 
the  best  method  is  to  weld  all  the  junctions  to¬ 
gether.  If  a  large  number  of  base-metal  thermo¬ 
couples  are  to  be  tested  at  the  same  temperature, 
the  method  of  immersing  the  thermocouples  in  a 
molten-metal  bath  or  into  holes  drilled  in  a  large 
copper  block  is  very  advantageous.  If  a  tin  bath 
is  used,  iron  or  nickel-chromium  tubes  are  suffi¬ 
cient  protection  for  base-metal  thermocouples. 
When  wires,  insulators,  and  protection  tubes  of 
base-metal  thermocouples  are  large,  tests  should 
be  made  to  insure  that  the  depth  of  immersion  is 
sufficient  to  eliminate  heating  or  cooling  of  the 
junction  by  heat  flow  along  these  materials. 

4.3.  Thermocouples  in  Fixed  Installations 

After  thermocouples  have  been  used  for  some 
time  at  high  temperatures,  it  is  difficult  if  not 
impossible  to  determine  how  much  the  calibra¬ 
tions  are  in  error  by  removing  them  from  an 
installation  and  testing  in  a  laboratory  furnace. 
The  thermocouples  are  usually  inhomogeneous 
after  such  use  and  in  such  a  condition  the  emf 
developed  by  the  thermocouples  depends  upon 
the  temperature  distribution  along  the  wires  [18], 
If  possible,  such  thermocouples  should  be  tested 
under  the  same  conditions  and  in  the  same  instal¬ 
lation  in  which  they  are  used.  Although  it  is  not 
usually  possible  to  obtain  as  high  a  precision  by 
testing  the  thermocouples  in  place  as  is  obtained 
in  laboratory  tests,  the  results  are  far  more  ac¬ 
curate  in  the  sense  of  being  representative  of  the 
behavior  of  the  -thermocouples. 

The  exact  method  of  procedure  depends  upon 
the  type  of  installation.  A  standard  thermocouple 
is  usually  employed  with  extension  leads  and  pref¬ 
erably  a  portable  potentiometer,  although  a  port¬ 
able  high-resistance  milli voltmeter  may  be  used. 
In  this  case,  as  in  the  calibration  of  any  ther¬ 
mocouple  by  comparison  methods,  the  main 
objective  is  to  bring  the  measuring  junction  of 
the  standard  thermocouple  to  the  same  temper- 


r///// /V772  KWSS3 


Figure  3.  Arrangement  to  assure  good  thermal  contact  between  the  junction  of  a 
base-metal, thermocouple  and  that  of  a  protected  platinum  versus  platinum-rhodium 
thermocouple. 
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ature  as  that  of  the  thermocouple  being  tested. 
One  method  is  to  drill  a  hole  in  the  furnace  at  the 
side  of  each  thermocouple  permanently  installed, 
large  enough  to  permit  insertion  of  the  checking 
thermocouple.  The  hole  is  kept  plugged,  except 
when  tests  are  being  made.  The  standard  thermo¬ 
couple  is  immersed  in  the  furnace  through  this 
hole  to  the  same  depth  as  the  thermocouple  being 
tested,  with  the  measuring  junctions  ends  of  the 
protection  tubes  as  close  together  as  possible. 

In  many  installations,  the  base-metal  thermo¬ 
couple  and  protecting  tube  are  mounted  inside 
another  protecting  tube  of  iron,  fire  clay,  silicon 
carbide,  or  some  other  refractory  which  is  perma¬ 
nently  cemented  or  fastened  into  the  furnace  wall. 
Frequently  there  is  room  to  insert  a  small  test 
thermocouple  in  this  outer  tube  alongside  of  the 
fixed  thermocouple.  A  third  method,  much  less 
satisfactory,  is  to  wait  until  the  furnace  has  reached 
a  constant  temperature  and  make  observations 
with  the  thermocouple  being  tested,  then  remove 
this  thermocouple  from  the  furnace,  and  insert  the 
standard  thermocouple  to  the  same  depth. 

If  desired,  comparisons  can  be  made  preferably 
by  either  of  the  first  or  second  methods  at  several 
temperatures,  and  a  curve  obtained  for  each  per¬ 
manently  installed  thermocouple  showing  the 
necessary  corrections  to  be  applied  to  its  readings. 
Although  testing  a  thermocouple  at  one  tempera¬ 
ture  yields  some  information,  it  is  not  safe  to  as¬ 
sume  that  the  changes  in  the  emf  of  the  thermo¬ 
couple  are  proportional  to  the  temperature  or  to 
the  emf.  For  example,  it  has  been  observed  that 
a  thermocouple  which  had  changed  in  use  by  the 
equivalent  of  9°  C  at  315°  C  had  changed  only 
the  equivalent  of  6°  C  at  1,100°  C. 

It  may  be  thought  that  this  method  of  checking 
thermocouples  is  unsatisfactory  because,  in  most 
furnaces  used  in  industrial  processes,  large  tem¬ 
perature  gradients  exist  and  there  is  no  certainty 
that  the  standard  thermocouple  is  at  the  same 
temperature  as  the  thermocouple  being  tested. 
This  objection,  however,  is  not  serious,  because 
if  temperature  gradients  do  exist  of  such  a  mag¬ 
nitude  as  to  cause  much  difference  in  tempera¬ 
ture  between  two  similarly  mounted  thermo¬ 
couples  located  close  together,  the  reading  of  the 
standard  thermocouple  represents  the  tempera¬ 
ture  of  the  fixed  thermocouple  as  closely  as  the 
temperature  of  the  latter  represents  that  of  the 
furnace. 

5.  Methods  of  Interpolating 

5.1.  Platinum  Versus  Platinum-Rhodium 
Thermocouples 

After  a  thermocouple  has  been  calibrated  at  a 
number  of  points,  the  next  requirement  is  a 
convenient  means  of  obtaining  corresponding 
values  of  emf  and  temperature  at  other  points. 

A  curve  may  be  drawn  or  a  table  giving  corre¬ 
sponding  temperature  and  emf  values  may  be 


The  principal  advantage  of  this  method  is  that 
the  thermocouple,  leads,  and  indicator  are  tested 
as  a  unit  and  under  the  conditions  of  use. 

4.4.  Thermocouples  in  Stirred  Liquid  Baths 

Thermocouples  and  resistance  thermometers  are 
not  usually  directly  compared  above  300°  C  be¬ 
cause  of  the  difficulty  encountered  in  bringing  the 
thermocouple  junction  and  the  thermometer  bulb 
to  the  same  temperature,  but  these  two  types  of 
instruments  may  be  very  accurately  compared 
below  300°  C,  where  a  stirred  liquid  bath  can  be 
conveniently  used.  A  type  of  bath  suitable  for 
use  above  0°  C  is  shown  in  figure  5  of  a  paper  by 
N.  S.  Osborne  [19].  The  container,  which  is  in¬ 
sulated  on  the  outside,  consists  of  two  cylindrical 
vertical  tubes  connected  at  the  bottom  and  near 
the  top  by  rectangular  ports.  A  frame  carrying 
the  heating  element,  cooling  coils  if  desired,  and 
stirring  propeller  are  inserted  in  one  of  the  vertical 
tubes.  The  instruments  being  compared  are 
placed  in  the  other  vertical  tube  and  held  in  place 
by  any  convenient  means.  The  chief  advantage 
of  this  arrangement  is  that  local  irregularities, 
due  to  direct  conduction  from  the  vicinity  of  the 
heating  or  cooling  elements,  are  eliminated.  A 
stirred  liquid  bath  for  use  below  0°  C  has  been 
described  by  Scott  and  Brickwedde  [20]. 

The  liquids  used  in  the  baths  should  be  capable 
of  being  stirred  readily  at  any  temperature  at 
which  they  are  used  and  they  should  not  be 
highly  flammable.  At  NBS  oil  is  used  between 
100°  and  300°  C;  water  in  the  range  0°  to  100°  C; 
mixtures  of  carbon  tetrachloride  and  chloroform 
in  the  range  0°  to  —75°  C;  a  five-component 
mixture  containing  14.5  percent  of  chloroform, 
25.3  percent  of  methylene  chloride,  33.4  percent 
of  ethyl  bromide,  10.4  percent  of  /ra/wdichloro- 
ethylene,  and  16.4  percent  of  trichloroethylene  in 
the  range  —75°  to  —140°  C;  and  commercial 
propane  below  —140°  C.  Propane  is  highly 
flammable,  and  every  precaution  must  be  taken 
to  prevent  it  from  mixing  with  liquid  air  or  oxygen. 
A  complete  series  of  nonflammable  liquids  for 
cryostats  is  given  by  C.  W.  Kanolt  [21]  for  tem¬ 
peratures  down  to  —150°  C. 

A  number  of  thermocouples  can  be  calibrated 
at  one  time  in  a  stirred  liquid  bath.  Platinum- 
resistance  or  liquid-in-glass  thermometers  or 
thermocouples  may  be  used  as  standards. 

Between  Calibration  Points 

prepared.  The  values  in  such  a  table  may  be 
obtained  by  computing  an  empirical  equation  or 
series  of  equations  through  the  calibration  points, 
by  direct  interpolation  between  points,  or  by 
drawing  a  difference  curve  from  an  arbitrary 
reference  table  which  closely  approximates  the 
temperature-emf  relationship  of  the  thermocouple. 
The  method  to  be  selected  for  a  particular  cali¬ 
bration  depends  upon  such  factors  as  the  type 
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of  thermocouple,  number  of  calibration  points, 
temperature  range,  accuracy  required,  and  per¬ 
sonal  preference. 

For  the  highest  accuracy  in  the  range  630.5°  to 
1063.0°  C  with  platinum  versus  platinum-10- 
percent  rhodium  thermocouples,  the  method  is 
that  prescribed  in  the  International  Temperature 
Scale.  An  equation  of  the  form  e^a+bt+ct2, 
where  a,  b,  and  c  are  constants  determined  by 
calibration  at  the  freezing  points  of  gold,  silver, 
and  antimony,  is  used.  By  calibrating  the  ther¬ 
mocouple  also  at  the  freezing  point  of  zinc  and 
using  an  equation  of  the  form 

e=ar  -\-b't-\-c't2-\-d't2, 

the  temperature  range  can  be  extended  down  to 
400°  C  without  introducing  an  uncertainty  [22] 
of  more  than  0.1°  C  in  the  range  630.5°  to  1063.0° 
C.  By  calibrating  the  thermocouple  at  the 
freezing  points  of  gold,  antimony,  and  zinc  and 
using  an  equation  of  the  form  E=a"  -\-b"t-\-c"t2, 
a  calibration  is  obtained  for  the  range  400°  to 
1,100°  C,  which  agrees  [22]  with  the  International 
Temperature  Scale  to  0.5°  C.  The  freezing  point 
of  copper  may  be  used  instead  of  the  gold  point, 
and  the  aluminum  point  used  instead  of  the 
antimony  point  without  introducing  an  additional 
uncertainty  [22]  of  more  than  0.1°  C. 

For  temperatures  outside  the  range  630.5°  to 
1063.0°  C,  the  method  of  drawing  a  smooth 
curve  through  the  temperature  and  emf  values 
has  just  as  much  claim  to  accuracy  as  the  method 
of  passing  empirical  equations  through  the  cali¬ 
bration  points,  because  an  empirical  equation 
performs  the  same  function  as  a  curved  ruler. 
For  the  temperature  range  0°  to  1,450°  C,  a 
curve  for  interpolation  to  1°  or  2°  C  requires 
calibration  points  not  more  than  200°  C  apart 
and  a  careful  plot  on  a  large  sheet  of  paper,  which 
is  tedious  to  read.  A  reduction  in  the  number  of 
calibration  points  increases  the  uncertainty  pro¬ 
portionately.  If,  however,  we  plot  as  ordinates 
the  differences  between  the  observed  emf  and 
that  calculated  from  the  first  degree  equation 
e=10 1,  and  emf  as  abscissas,  the  difference  at 
intermediate  points  may  be  taken  from  the  curve 
and  added  to  the  quantity  10£  to  obtain  values  of 
emf  corresponding  to  the  appropriate  tempera¬ 
ture  in  which  the  uncertainty  in  the  interpolated 
values  is  much  less  than  in  the  case  in  which  the 
emf  is  plotted  directly  against  the  temperature. 
If  we  go  one  step  further  and  plot  differences 
from  an  arbitrary  reference  table,  the  values  of 
which  closely  represent  the  form  of  the  tempera- 
ture-emf  relationship  for  the  type  of  thermocou¬ 
ple  in  question,  the  maximum  differences  to  be 
plotted  will  be  only  a  few  degrees.  In  this  way, 
interpolated  values  are  obtained  in  which  the 
uncertainty  in  the  interpolated  values  is  not 
appreciably  greater  than  that  at  the  calibration 
points.  The  more  accurately  the  values  in  the 
arbitrary  reference  table  conform  to  the  emf- 


temperature  relationship  of  actual  thermocou¬ 
ples,  the  fewer  the  number  of  calibration  points 
required  for  a  given  accuracy. 

Reference  tables  [23]  for  platinum  versus  plat¬ 
inum-rhodium  thermocouples  which  are  based 
on  the  temperature-emf  relationships  of  a  con¬ 
siderable  number  of  representative  thermocouples 
from  various  sources  have  recently  been  published. 
These  tables  represent  the  shape  of  the  relations 
for  both  the  10-  and  13-percent-rhodium  thermo¬ 
couples  in  the  entire  range  0°  to  1,700°  C.  The 
difference  curve  for  any  thermocouple  from  the 
appropriate  table  is  a  smooth  curve. 

In  the  calibration  of  platinum  versus  platinum- 
1 0-percent-rhodium  thermocouples  to  be  used  as 
working  standards,  the  emf  is  observed  at  the 
freezing  points  of  gold,  silver,  antimony,  and  zinc. 
The  constants  in  the  equation  E=a-\-bt-{-ct2  are 
computed  from  the  observations  at  the  gold, 
silver,  and  antimony  points.  The  observed  value 
at  419.5°  C  and  the  values  calculated  from  the 
equation  for  the  range  630.5°  to  1063.0°  C  are 
used  to  construct  a  difference  curve  from  the 
reference  table  mentioned  previously.  This  differ- 
erence  curve  is  then  extended  graphically  above 
1063.0°  C.  When  the  highest  accuracy  is  re¬ 
quired  at  the  lower  temperatures,  additional  ob¬ 
servations  are  taken  at  the  freezing  points  of 
lead  and  tin  and  at  the  boiling  point  of  water. 
Values  taken  from  this  difference  curve  when  add¬ 
ed  algebraically  to  the  values  in  the  reference 
table  yield  the  corresponding  temperature-emf 
values  at  any  temperature.  A  numerical  ex¬ 
ample  follows. 

The  observed  values  of  emf  at  the  calibration 
points  are  given  in  table  4,  together  with  the 
values  at  50°  C  intervals  from  650°  to  1,050°  C 
computed  from  the  equation, 

E=  — 270. 73 +  8. 15786^+0.00 16939622. 

Corresponding  values  of  E  and  Ae  are  plotted  in 
figure  4. 


Table  4.  Data  for  construction  of  difference  curve 


Tempera¬ 

ture, 

t 

Reference 
table  emf 
NBS  Cir¬ 
cular  561, 

Er 

Observed 
emf  standard 
thermo¬ 
couple, 

E 

Difference, 

Ae=E,—E 

°  C 

nv 

& 

0.0 

0.0 

0.0 

0.0 

419.5 

3437.  6 

3443.  6 

-6.0 

630.  5 

5536. 8 

6546.  2 

-9.4 

650.0 

5738.0 

5747. 6 

-9.6 

700.0 

6259.  7 

6269. 8 

-10.1 

750.0 

6790.0 

6800.5 

-10.5 

800.0 

7328.9 

7339.  7 

-10.8 

850.0 

7876.  4 

7887.3 

-10.9 

900.0 

8432.  4 

8443.  4 

-11.0 

950.0 

8996.9 

9008.0 

-11. 1 

960.8 

9120.0 

9131.  1 

-11. 1 

1000.0 

9570. 1 

9581. 1 

-11.0 

1050.0 

10151.8 

10162.  6 

-10.8 

1063.0 

10304.  4 

10315.  2 

-10.8 
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Figuke  4.  Difference  curve  for  a  platinum  versus  platinum- 

10  percent-rhodium  thermocouple,  using  the  reference  table 

in  NBS  Circular  561. 

For  accurate  extrapolation  above  the  gold  point, 
it  is  essential  that  the  shape  of  the  emf-temperature 
relationship  given  in  the  reference  table  conform 
closely  to  that  of  actual  thermocouples  so  that 
the  difference  curves  will  be  linear  both  above  and 
below  this  point.  If  the  difference  curve  has  a 
large  curvature  or  if  there  is  an  abrupt  change  in 
slope  near  the  gold  point,  the  extrapolation  of  the 
difference  curve  may  involve  considerable  un¬ 
certainty.  The  difference  curves  of  actual  thermo¬ 
couples  both  10-  and  13-percent-rhodium  alloys 
from  the  reference  tables  given  in  NBS  Circular 
561  are  in  most  cases  smooth  curves  in  the  entire 
range  0°  to  1,700°  C  and  the  difference  curves 
can  therefore  be  extrapolated  with  but  little 
uncertainty.  The  extrapolated  values  for  a 
number  of  thermocouples  have  been  checked  by 
means  of  actual  comparison  with  an  optical 
pyrometer,  and  in  no  case  was  the  difference  as 
great  as  3°  C  at  1,500°  C  and  in  most  cases  it 
was  not  over  1°  C.  These  differences  are  not  much 
greater  than  the  accidental  errors  in  the  com¬ 
parisons. 

Difference  curves  can  be  drawn  from  observa¬ 
tions  obtained  in  comparison  calibrations  as  well 
as  from  observations  at  fixed  points.  Two  points 
(accurate  to  ±0.3°  C  at  about  600°  and  1,100°  C) 
are  usually  sufficient  to  determine  the  difference 
curve  from  the  tables  in  NBS  Circular  561  for 
either  a  10-  or  a  13-percent-rhodium  thermocouple, 
such  that  the  resulting  calibration  is  accurate  to 
±1°  C  at  any  point  in  the  range  0°  to  1,100°  C 
and  to  ±3°  C  up  to  1,450°  C.  (The  reference 
junction  temperature  at  which  the  emf  difference 
is  zero  constitutes  a  third  point.) 

5.2.  Copper-Constantan  Thermocouples 

The  relationship  between  the  temperature  and 
emf  of  copper-constantan  thermocouples  has  been 
very  well  established  in  the  range  —190°  to  +300° 
C.  The  temperature  of  the  measuring  junction 
of  such  a  thermocouple  can  be  very  accurately 
determined  in  this  range  with  a  platinum-resist¬ 
ance  thermometer  in  a  stirred  liquid  bath.  Con¬ 
sequently,  the  accuracy  obtained  with  this  type 
of  thermocouple  is,  in  general,  limited  by  the 
stability  of  the  wires  above  200°  C,  and  by  the 
accuracy  of  the  emf  measurements  and  the 
homogeneity  of  the  wire  below  200°  C.  The 


Figure  5.  Difference  curve  for  a  copper-constantan  thermo¬ 
couple,  using  the  reference  table  in  NBS  Circular  561. 


stability  of  the  larger  sizes  of  wire  is  greater  than 
that  of  the  smaller  wires  under  the  same  conditions. 

Figure  5  shows  a  difference  curve  from  the 
values  in  NBS  Circular  561  for  a  typical  copper- 
constantan  thermocouple.  Two  points  above  and 
two  below  0°  C  suitably  spaced  are  usually 
sufficient  to  give  an  accuracy  of  0.3°  C. 

Equations  are  used  to  good  advantage  with 
copper-constantan  thermocouples  for  interpolat¬ 
ing  between  calibration  points,  but  it  has  not  been 
demonstrated  that  the  accuracy  obtained  with 
equations  is  any  greater  than  that  obtained  by 
drawing  difference  curves  from  reference  tables 
except  when  the  differences  are  large.  One  con¬ 
venient  method  of  obtaining  a  calibration  accurate 
to  ±0.2°  C  in  the  range  0°  to  100°  C  is  to  use  an 
equation  of  the  form  e  =  af+0.04F  where  a  is  a 
constant  determined  by  calibration  at  100°  C,  e 
the  emf  in  microvolts,  and  t  the  temperature  in 
degrees  C.  An  equation  of  the  form  e=at-\-bi2-f- 
ctz,  where  a,  b,  and  c  are  constants  determined  by 
calibration  at  three  points  (about  100°,  200°,  and 
300°  C),  will  give  interpolated  values  as  accu¬ 
rately  as  the  thermocouple  can  be  relied  upon  to 
retain  its  calibration  (about  0.2°  C).  The  same 
type  of  equation  with  the  constants  determined  at 
three  points  about  equally  spaced  in  the  range 
0°  to  — 190°  C,  may  be  used  in  this  range  to  give 
interpolated  values  almost  as  accurately  as  the 
emf  can  ordinarily  be  measured  (about  2  pv). 
An  equation  of  the  form  e=at-\-bi 2  will  yield  inter¬ 
polated  values  in  the  range  0°  to  100°  C  almost  as 
accurately  as  the  emf  is  determined  at  the  calibra¬ 
tion  points,  if  the  constants  are  determined  by 
calibration  at  about  50°  and  100°  C.  The  same 
is  true  of  this  equation  in  the  range  0°  to  — 100°  C 
if  the  constants  are  determined  at  —50°  and 
—  100°  C. 


5.3.  Chromel-Alumel  Thermocouples 

Figure  6  shows  a  difference  curve  for  a  typical 
Chromel-Alumel  thermocouple  from  the  standard 
tables  published  in  NBS  Circular  561.  The 
difference  curve  from  these  tables  can  be  deter¬ 
mined  in  the  range  0°  to  1,300°  C  (2,372°  F)  with 
an  uncertainty  not  more  than  1°  C  greater  than 
at  the  calibration  points  by  calibration  at  500°, 
800°,  and  1,100°  C  (or  at  1,000°,  1,600°,  and 
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Figure  6.  Difference  curve  for  a  Chromel- Alumel  thermo¬ 
couple,  using  the  reference  table  in  NBS  Circular  561. 

2,000°  F).  These  tables  represent  the  average 
temperature-emf  relationship  of  Chromel-Alumel 
thermocouples  now  being  manufactured. 

Little  success  has  been  met  in  fitting  equations 
to  the  calibration  of  Chromel-Alumel  thermo¬ 
couples  in  the  range  0°  to  300°  C.  An  equation 
of  the  form  e=at-\-bt2-]rcft  may  be  in  error  by  1°C 
at  50°  C  if  the  constants  are  determined  by  cali¬ 
bration  at  about  100°,  200°,  and  300°  C.  How¬ 
ever,  it  will  be  accurate  to  about  0.5°  C  at  150°  C 
and  to  about  0.2°  C  between  200°  and  300°  C. 
In  the  range  0°  to  —190°  C,  an  equation  through 
three  points  about  equally  spaced  will  give  inter¬ 
polated  values  in  which  the  uncertainty  is  not 
more  than  2  p.v  greater  than  at  the  calibration 
points. 

5.4.  Iron-Constantan  Thermocouples 

Until  recently,  several  iron-constantan  reference 
tables  had  been  used  by  the  suppliers  of  this 
material.  One  such  table  still  being  used  by 
some  Government  agencies  was  published  in  a 
paper  on  “Reference  Tables  for  Iron-Constantan 
and  Copper-Constantan  Thermocouples”  [24]. 
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Figure  7.  Difference  curves  for  an  iron-constantan  thermo¬ 
couple,  using  ( 1 )  the  reference  table  in  NBS  Circular  561 
and  (2)  a  straight  line,  e=56t. 

More  recently,  a  reference  table  that  closely 
represents  the  temperature-emf  relationship  of  the 
iron-constantan  thermocouples  now  being  supplied 
by  most  producers  of  this  type  of  thermocouple 
was  developed.  This  table  is  not  very  different 
from  that  which  had  been  in  use  by  some  producers 
since  1913  and  consequently  has  been  referred  to 
as  the  “Modified  1913  Reference  Tables  for  Iron- 
Constantan  Thermocouples”  [25]. 

Figure  7  shows  a  difference  curve  from  the  modi¬ 
fied  1913  tables  and  from  a  straight  line,  e  —  56t 
(where  e  is  in  microvolts  and  t  is  in  degrees  C) 
for  a  typical  thermocouple.  This  latter  method 
of  drawing  difference  curves  from  a  straight  line 
may  be  used  if  the  thermocouple  does  not  match 
existing  reference  tables. 

We  have  no  data  as  to  how  closely  the  tempera¬ 
ture-emf  relationships  of  iron-constantan  thermo¬ 
couples  may  be  fitted  by  equations. 


6.  Reference- Junction  Corrections 


It  is  not  always  possible  to  maintain  the  refer¬ 
ence  junctions  (commonly  called  cold  junctions) 
at  a  desired  temperature  during  the  calibration  of 
a  thermocouple,  but  if  the  temperature  of  the 
reference  junctions  is  measured,  it  is  possible  to 
apply  corrections  to  the  observed  emf,  which  will 
yield  a  calibration  with  the  desired  reference- 
junction  temperature.  If  the  emf  of  the  ther¬ 
mocouple  is  measured  with  the  reference  junctions 
at  temperature  t,  and  a  calibration  is  desired  with 
these  junctions  at  temperature  to,  the  measured 
emf  may  be  corrected  for  a  reference- junction 
temperature  of  t0  by  adding  to  the  observed  value 
the  emf  which  the  thermocouple  would  give  if 
the  reference  junctions  were  at  t0  and  the  measur¬ 
ing  junction  at  t.  For  example,  suppose  the  ob¬ 
served  emf  of  a  platinum  versus  platinum- 10- 
percent-rhodium  thermocouple  with  the  measur¬ 


ing  junction  at  1,000°  C  and  the  reference  junc¬ 
tion  at  25°  C  is  9.427  mv  and  the  emf  of  the 
thermocouple  with  the  measuring  junction  at 
1,000°  C  and  the  reference  junctions  at  0°  C  is 
required.  Since  emf  of  the  thermocouple  when 
the  reference  junctions  are  at  0°  C  and  the  meas¬ 
uring  junction  at  25°  C  is  0.143  mv,  the  sum  of 
these  emf  (9.427  and  0.143)  gives  the  desired 
value. 

The  sign  must  be  considered  when  applying 
reference-junction  corrections.  For  example,  sup¬ 
pose  the  observed  emf  of  the  thermocouple  with 
the  measuring  junction  at  1,000°  C  and  the  refer¬ 
ence  junctions  at  0°  C  is  9.570  mv  and  the  emf 
of  the  thermocouple  with  the  measuring  junction 
at  1,000°  C  and  the  reference  junctions  at  25°  C 
is  required.  The  emf  of  the  thermocouple  when 
the  reference  junctions  are  at  25°  C  and  the 
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measuring  junction  at  0°  C  is  —0.143  mv,  and 
when  this  is  added  to  the  observed  emf  the  de¬ 
sired  value  9.427  mv  is  obtained.  Whether  the 
reference- junction  correction  is  positive  or  nega¬ 
tive  should  not  cause  any  confusion  if  it  is  re¬ 
membered  that  the  emf  of  the  thermocouple  is 
lowered  by  bringing  the  junction  temperatures 
closer  together  ancl  increased  by  making  the 
difference  greater. 

In  the  calibration  of  thermocouples,  the  tem- 
perature-emf  relationship  is  not  always  accurately 
determined  in  the  range  of  reference-j unction 
temperatures,  in  which  case  the  average  tempera- 
ture-emf  relationship  of  the  type  of  thermocouple 
may  be  used.  The  average  relations  for  the  var¬ 
ious  types  of  thermocouples  are  given  in  table  5. 
The  errors  caused  by  using  these  average  rela¬ 
tions,  instead  of  the  actual  relation,  for  a  particu¬ 
lar  thermocouple  are,  in  general,  less  than  1°  C. 

If  the  thermocouple  is  very  short,  so  that  the 
reference  junctions  are  near  the  furnace  and  sub¬ 
ject  to  considerable  variations  or  uncertainty  in 
temperature,  it  is  usually  more  convenient  to  use 
extension  leads  to  transfer  the  reference  junctions 
to  a  region  of  more  constant  temperature  than  to 
measure  the  temperature  of  the  reference  junctions 
near  the  furnace.  The  extension  leads  of  base- 
metal  thermocouples  are  usually  made  of  the  same 
materials  as  the  thermocouple  wires,  but  in  the 
case  of  platinum  versus  platinum-rhodium  thermo¬ 
couples,  a  copper  lead  is  connected  to  the  plat¬ 
inum-rhodium  wire  and  a  copper -nickel  lead  to  the 
platinum  wire.  Leads  for  any  of  the  thermocouples 
discussed  here  are  available  at  all  the  pyrometer 
instrument  manufacturers.  Although  the  tem- 


perature-emf  relationship  of  the  copper  versus 
copper-nickel  lead  wire  is  practically  the  same  as 
that  of  platinum  versus  platinum-rhodium  thermo¬ 
couples,  the  individual  lead  wires  are  not  identical 
thermoelectrically  with  the  thermocouple  wires 
to  which  they  are  attached  and,  therefore,  the 
two  junctions  where  the  leads  are  attached  to  the 
thermocouple  should  be  kept  at  nearly  the  same 
temperature.  This  is  not  as  necessary  in  the 
case  of  base-metal  thermocouples  when  each  lead 
and  the  thermocouple  wire  to  which  it  is  attached 
are  the  same  material. 


Table  5.  Average  temperature-emf  relations  for  thermo¬ 
couples  for  applying  reference-junction  corrections 


Temperature 

Electromotive  force 

Platinum 
versus 
platinum- 
rhodium  a 

Chromel- 

Alumel 

Iron- 

constantan 

Copper- 

eonstantan 

°C 

°F 

mv 

mv 

mv 

mv 

-20 

-4 

-0.  103 

-0.  77 

-1.00 

-0.  75 

-15 

+5 

-.079 

-.58 

-0.75 

-.57 

-10 

14 

-.054 

-.39 

-.50 

-.38 

-5 

23 

-.027 

-.  19 

-.25 

-.  19 

0 

32 

.000 

.00 

.00 

.00 

+5 

41 

+.028 

+.  20 

+.25 

+.19 

10 

50 

.056 

.40 

.50 

.39 

15 

59 

.084 

.60 

.76 

.  59 

20 

68 

.  113 

.80 

1.02 

.79 

25 

77 

.  143 

1.00 

1.  28 

.99 

30 

86 

.  173 

1.  20 

1.  54 

1.  19 

35 

95 

.  204 

1.  40 

1.80 

1.40 

40 

104 

.235 

1.61 

2.  06 

1.61 

45 

113 

.266 

1.81 

2.  32 

1.82 

50 

122 

.299 

2. 02 

2.  58 

2.03 

a  The  values  in  this  column  apply  for  either  the  10-  or  13-percent  rhodium 
thermocouples.  The  difference  between  the  average  temperature-emf 
relationships  in  this  range  does  not  exceed  2  uv. 


7.  Testing  of  Thermocouple  Materials 


Thermocouples  are  ordinarily  made  up  to  yield 
a  specified  emf  at  one  or  more  temperatures,  and 
in  order  to  select  and  match  materials  to  do  this, 
a  convenient  method  of  testing  each  element  is 
required.  One  method  of  accomplishing  this  is  to 
determine  the  thermal  emf  of  the  various  materials 
against  some  stable  and  reproducible  material. 
At  low  temperatures  copper  is  sometimes  used  for 
this  purpose,  but  platinum  appears  to  be  the  most 
satisfactory  because  it  can  be  used  at  any  temper¬ 
ature  up  to  its  melting  point,  can  be  freed  from 
all  traces  of  impurities,  and  can  be  readily  annealed 
in  air.  Two  samples  of  platinum,  both  of  which 
are  spectrochemically  pure,  may  differ  slightly  in 
thermal  emf,  but  the  same  is  true  of  any  other 
metal.  To  avoid  the  ambiguity  that  might  arise 
from  this  fact,  the  thermal  emf  of  thermocouple 
materials  tested  at  the  National  Bureau  of  Stand¬ 
ards  (since  1922)  is  referred  to  an  arbitrary  piece 
of  platinum  designated  as  standard  Pt  27.  This 
standard  is  spectrochemically  pure,  has '  been 
thoroughly  annealed,  and  although  it  may  not  be 
the  purest  platinum  that  has  been  prepared,  serves 


as  a  satisfactory  standard  to  which  the  thermal 
emf  of  other  materials  may  be  referred.  However, 
there  is  nothing  to  prevent  any  other  laboratory 
from  setting  up  a  laboratory  standard  for  their 
own  use,  but  in  order  that  the  various  laboratories 
and  manufacturers  may  specify  and  express  values 
of  thermal  emf  on  a  common  basis,  a  common  and 
ultimate  standard  is  necessary. 

Platinum  is  used  as  a  working  standard  for 
testing  thermocouple  materials  in  some  labora¬ 
tories,  but  it  is  generally  more  convenient  to  use 
a  working  standard  of  the  same  material  as  that 
being  tested.  In  any  case,  the  thermal  emf  of  a 
material  against  the  standard  Pt  27  is  the  alge¬ 
braic  sum  of  the  emf  of  the  material  against  the 
working  standard,  and  the  emf  of  the  working 
standard  against  the  standard  Pt  27  (the  law  of 
intermediate  metals).  When  platinum  is  used  as  a 
working  standard  in  testing  some  other  material, 
the  thermal  emf  measured  is  great.  To  obtain 
the  thermal  emf  of  the  material  against  the  stand¬ 
ard  Pt  27,  the  relatively  small  emf  of  the  platinum 
working  standard  against  the  standard  Pt  27  is 
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added  to  the  large  measured  emf.  When  the 
working  standard  is  of  the  same  kind  of  material 
as  that  being  tested,  the  thermal  emf  measured  is 
small.  To  obtain  the  thermal  emf  of  the  material 
against  the  standard  Pt  27  in  this  case,  the  rela¬ 
tively  large  emf  of  the  working  standard  against 
the  standard  Pt  27  is  added  to  the  small  measured 
emf. 

Except  in  the  case  of  constantan,  two  samples 
of  a  similar  material  which  will  develop  more  than 
0.5  pv/°C  against  one  another  are  exceptional. 
In  most  cases,  the  value  is  less  than  0.2  pv/°C. 
Even  in  the  case  of  constantan,  the  thermal  emf 
between  2  extreme  samples  does  not  exceed 
3  juv/°C.  Therefore,  in  determining  the  difference 
in  thermal  emf  between  two  samples  of  a  similar 
material,  it  is  not  necessary  to  measure  the  tem¬ 
perature  accurately. 

The  average  thermal  emf  per  degree  C  of  plat¬ 
inum  against  other  thermocouple  materials  is 
given  in  table  6.  It  is  seen  that  in  measuring  the 
thermal  emf  of  these  materials  directly  against 
platinum  working  standards,  it  is  necessary  to 
measure  an  emf  which  changes  by  a  large  amount 
for  a  small  change  in  temperature.  An  accurate 
measurement  of  the  emf  corresponding  to  a  given 
temperature,  therefore,  requires  an  accurate  meas¬ 
urement  of  the  temperature  of  the  junctions. 
The  necessity  for  this  accurate  measurement  of 
temperature,  however,  is  avoided  when  the 
measurements  are  made  by  using  a  working 
standard  of  material  similar  to  that  being  tested, 
since  in  this  case  the  emf  developed  is  small  and 
changes  very  little  even  for  large  changes  in  tem¬ 
perature.  In  the  latter  method,  the  accurate 
measurement  of  temperature  is  not  entirely 
avoided  but  merely  shifted  to  the  laboratory  that 
determines  the  thermal  emf  of  the  working 
standards  against  the  standard  Pt  27. 

The  small  thermal  emf  of  a  platinum  working 
standard  against  the  standard  Pt  27  at  any  tem¬ 
perature  can  be  determined  as  accurately  as  the 


Table  6.  Average  thermal  °  emf  per  degree  C  of  platinum 
against  other  thermocouple  material ,s. 


Material 

Tempera¬ 

ture 

Average 
change  in 
thermal 
emf  with 
tempera¬ 
ture 

Platinum-lO-percent  rhodium  ...  _. 

Platinum-13-pereent  rhodium _ 

Chromel _  _ _ ... 

°C 

1,000 

1,000 

900 

W°C 

11.6 

13.2 

31.  5 

Alumel . .  _  _ 

900 

8.  7 

Iron _  _  _  . . 

600 

11.  6 

Constantan _  .  _ 

600 

46.  8 

Constantan _ _ _ 

100 

37.  4 

Copper.. _  . . . 

100 

9.4 

o  Complete  tables  giving  the  average  thermal  emf  of  platinum-10-percent 
rhodium,  and  platinum-13-percent  rhodium  against  platinum  are  given  in 
NBS  Circular  561.  The  average  thermal  emf  of  Chromel  and  of  Alumel 
against  platinum  are  given  in  Research  Paper  767;  of  copper  and  constantan 
against  platinum  in  RP1080;  of  iron  and  constantan  against  platinum  in 
RP2415. 


emf  can  be  measured.  These  standards  are  subject 
to  change  during  use  but,  if  properly  used  and 
occasionally  checked,  can  be  relied  upon  to  about 
2  pv  at  1,000°  C.  The  thermal  emf  of  working 
standards  of  other  materials  is  determined  and 
certified  at  the  National  Bureau  of  Standards  to 
the  equivalent  of  ±1°  C  at  high  temperatures. 

In  any  event  the  testing  of  a  thermocouple 
material  is  essentially  the  determination  of  the 
emf  of  a  thermocouple  in  which  the  material  being 
tested  is  one  element  and  a  working  standard  the 
other.  Some  of  the  precautions  that  must  be 
observed  to  obtain  accurate  results  are  given  in 
the  following  sections. 

7.1.  Platinum 

The  thermal  emf  of  the  thermocouple  platinum 
against  the  standard  Pt  27  is  usually  less  than 
20  mv  at  1,200°  C  and  in  testing  one  sample  of 
platinum  against  another  it  is  not  necessary  to 
measure  the  temperature  of  the  hot  junction  to 
closer  than  50°  C  to  obtain  a  comparison  accu¬ 
rate  to  1  pv.  The  reference-junction  tem¬ 
perature  need  not  be  accurately  controlled.  The 
platinum  standard  (i.  e.,  the  wire  previously  com¬ 
pared  with  the  standard  Pt  27)  is  welded  to  the 
wire  being  tested  to  form  a  thermocouple  and 
the  emf  measured  at  one  or  more  temperatures  by 
any  of  the  methods  described  for  calibrating 
platinum  versus  platinum-rhodium  thermocouples. 
The  wires  should  be  carefully  insulated  and  pro¬ 
tected.  Measurements  at  two  temperatures, 
about  600°  and  1,200°  C,  are  sufficient  to  give  the 
emf  at  any  temperature  as  the  emf  is  small  and 
practically  proportional  to  the  temperature. 

In  many  laboratories  the  platinum  standard  and 
the  platinum  element  of  the  thermocouple  used  to 
measure  the  temperature  are  one  and  the  same. 
The  sample  or  wire  being  tested  is  then  welded  to 
the  junction  of  the  thermocouple  and  the  emf  of  the 
thermocouple  and  that  between  the  two  platinum 
wires  are  measured  simultaneously  with  two  po¬ 
tentiometers  or  alternately  with  one  instrument. 
Simultaneous  readings  of  these  electromotive 
forces  should  not  be  made  with  a  millivoltmeter  or 
with  a  current  flowing  in  either  circuit  because  one 
wire  is  common  to  both  circuits  and  in  this  case 
the  potential  difference  measured  by  one  instru¬ 
ment  is  influenced  by  the  current  flowing  in  the 
other  circuit.  However,  this  objection  is  not 
encountered  in  the  method  described  above  in 
which  the  platinum  standard  is  not  the  same  wire 
as  the  platinum  of  the  thermocouple. 

7.2.  Platinum-Rhodium  Alloy 

The  testing  of  platinum-rhodium  thermocouple 
wire  directly  against  platinum  is  exactly  the  same 
as  the  calibration  of  platinum  versus  platinum- 
rhodium  thermocouples.  Platinum  against  plat- 
inum- 10-percent  rhodium  gives  11.6  pv/°C  and 
platinum  against  platinum-13-percent  rhodium 
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gives  13.2  /zv/°C  at  1,000°  C.  Therefore,  in  order 
to  determine  the  thermal  emf  of  a  sample  of 
platinum-rhodium  against  platinum  to  ±20  pv, 
it  is  necessary  to  measure  the  temperature  to 
±1.5°  C.  Such  an  accuracy  in  temperature 
measurements  is  obtained  only  with  a  very  homo¬ 
geneous  and  accurately  calibrated  thermocouple 
in  a  uniformly  heated  furnace,  but  if  the  emf  of 
one  sample  of  wire  is  known  with  this  accuracy, 
it  may  be  used  to  determine  the  emf  of  other 
samples  without  the  necessity  of  accurately 
measuring  the  temperature.  For  example,  the 
thermal  emf  per  degree  of  any  sample  of  platinum- 
1 0-percent  rhodium  against  any  other  sample 
rarely  exceeds  0.05  p v/°C  (50  pv  at  1,000°  C). 
Therefore,  if  the  thermal  emf  of  one  sample 
against  platinum  is  known  to  ±20  pv  at  1,000°  C, 
the  emf  of  other  samples  against  the  same  platinum 
can  be  determined  to  about  the  same  accuracy  by 
comparing  the  samples  of  platinum-rhodium  and 
measuring  the  temperature  of  the  hot  junction  to 
10°  or  20°  C.  The  same  applies  for  platinum-13- 
percent  rhodium. 

The  working  standard  used  to  determine  the 
thermal  emf  of  the  platinum-rhodium  may  be  a 
sample  of  platinum,  of  platinum-rhodium,  or 
either  element  of  the  thermocouple  used  in  measur¬ 
ing  the  temperature.  Platinum-1 0-percent  rho¬ 
dium  against  platinum-13-percent  rhodium  gives 
about  1.6  juv/° C  at  1,000°  C  so  that  if  the  thermal 
emf  of  one  of  these  materials  against  platinum  is 
known  to  ±20  pv  at  1,000°  C,  the  thermal  emf  of 
the  other  against  the  same  platinum  can  be  de¬ 
termined  to  ±30  pv  by  comparing  the  two  and 
measuring  the  temperature  to  ±6°  C. 

A  number  of  wires  can  be  welded  together  and 
tested  by  any  of  these  methods. 

7.3.  Base-Metal  Thermocouple  Materials 
a.  At  High  Temperatures 

In  testing  base-metal  thermocouple  materials 
(Alumel,  Chromel,  constantan,  copper,  and  iron) 
the  procedure  is  very  much  the  same  as  in  calibra¬ 
ting  base-metal  thermocouples.  Although  such 
thermal-emf  measurements  are  ultimately  referred 
to  platinum,  it  is  not  necessary  to  measure  each 
sample  directly  against  platinum.  When  the 
measurements  are  made  against  platinum  (and 
this  must  frequently  be  done),  the  platinum  wire 
should  be  sealed  through  the  end  of  a  glazed  por¬ 
celain  protection  tube  with  Pyrex  glass,  leaving 
about  1  cm  of  the  wire  exposed  for  welding  to  the 
base-metal  wire  or  wires.  The  largest  uncertainty 
in  the  measurements  arises  from  the  uncertainty 
in  the  determination  of  the  temperature  of  the  hot 
junction.  The  junction  of  a  standard  platinum 
versus  platinum-rhodium  thermocouple  may  be 
inserted  into  a  hole  drilled  in  the  junction  formed 
by  welding  the  material  to  platinum.  This 
brings  the  junctions  to  the  same  temperature. 


In  the  use  of  platinum  or  platinum-rhodium  for 
testing  thermocouple  materials,  the  wires  are  used 
a  large  number  of  times  before  checking  or  scrap¬ 
ping.  Base-metal  thermocouple  wires  used  for 
testing  similar  materials  should  not  be  used  more 
than  once  if  the  highest  accuracy  is  required, 
because  there  is  a  slight  change  in  these  materials 
when  heated  to  a  high  temperature  and  if  they  are 
used  repeatedly,  the  wires  become  inhomogeneous. 
The  procedure  then  is  to  select  a  coil  of  wire  and 
test  it  for  homogeneity  by  taking  several  samples 
from  different  parts  of  the  coil,  welding  them  all 
together,  and  measuring  the  emf  between  the 
various  samples.  If  the  coil  is  sufficiently  homo¬ 
geneous  as  found  from  such  tests,  one  or  more 
samples  may  be  taken  from  it  and  the  thermal  emf 
determined  as  accurately  as  necessary  by  compari¬ 
son  with  a  standard,  the  emf  of  which  against  the 
standard  Pt  27  is  known.  The  average  value  for 
the  thermal  emf  of  the  few  selected  samples  from 
the  coil  against  the  standard  Pt  27  will  apply  for 
the  remainder  of  the  coil  with  sufficient  accuracy 
for  most  purposes.  Any  sample  from  this  coil  may 
then  be  used  as  a  working  standard  for  testing 
similar  materials.  The  accuracy  with  which  the 
temperature  must  be  measured  depends  upon  the 
difference  between  the  standard  and  the  material 
being  tested.  In  case  of  some  materials  that  have 
been  well  standardized,  the  differences  are  small 
enough  that  an  accuracy  of  50°  C  is  sufficient. 
Seldom,  if  ever,  should  it  be  necessary  to  measure 
the  temperature  closer  than  10°  C. 

b.  At  Low  Temperatures 

Annealed  electrolytic  copper  is  very  uniform  in 
its  thermoelectric  properties  and  is  often  used  as 
a  standard  for  thermoelectric  testing  at  tempera¬ 
tures  below  300°  C.  The  thermal  emf  of  other 
materials  against  either  copper  or  platinum  may 
be  determined  very  accurately  by  using  a  stirred 
liquid  bath  or  fixed  points.  The  steam  point  is 
an  excellent  one  for  this  purpose. 

Table  7  gives  the  thermal  emf  of  annealed  elec¬ 
tronic  copper  against  NBS  standard  Pt  27  and 
may  be  used  to  convert  values  of  the  thermal  emf 
of  any  material  against  one  of  these  standard 
materials  to  values  of  emf  of  the  same  materia] 
against  the  other  standard  material. 

Table  7.  Thermal  emf  of  annealed  electrolytic  copper 
against  NBS  platinum  standard  Pt  27 


Tempera¬ 

ture 

Electro¬ 

motive 

force 

Tempera¬ 

ture 

Electro¬ 

motive 

force 

°  C 

r-v 

°  C 

nv 

-200 

-194 

100 

766 

-150 

-354 

150 

1,265 

-100 

-367 

200 

1,831 

-50 

-242 

250 

2,  459 

0 

0 

300 

3, 145 

+50 

+340 

350 

3,  885 
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7.4.  Reference-Junction  Corrections 

It  is  not  convenient  for  everyone  to  obtain  the 
same  ref  erence-j  unction  temperature  in  determin¬ 
ing  the  emf  of  the  various  thermocouple  materials 
against  platinum  and,  therefore,  corrections  must 
be  applied  to  arrive  at  values  for  a  common 
reference-junction  temperature.  The  method  of 
applying  these  corrections  is  the  same  as  that  dis¬ 
cussed  under  the  testing  of  thermocouples.  The 
average  temperature-emf  relationships  for  the 
various  thermocouple  materials  against  platinum 
are  given  in  table  8  and  may  be  used  for  making 
reference- junction  corrections. 

In  comparing  two  samples  of  a  similar  thermo¬ 
couple  material  at  high  temperatures,  it  is  not 
necessary  to  measure  or  control  accurately  the 
temperature  of  the  reference  junctions.  The  emf 
developed  by  two  samples  of  platinum-rhodium, 
even  the  10-  against  the  13-  percent-rhodium  alloy, 
is  practically  independent  of  the  temperature  of 
the  reference  junctions  between  —20°  and  +50° 
C.  In  all  other  cases,  with  the  possible  exception 
of  iron,  the  emf  may  be  taken  as  proportional  to 
the  difference  between  the  temperatures  of  the 
two  junctions,  and  when  the  emf  is  small,  the  cor¬ 
rections  for  the  temperature  changes  of  the 
reference  junctions  are  negligible.  In  comparing 
two  samples  of  iron,  the  emf  developed  is  changed 
more  by  changing  the  temperature  of  the  reference 
junctions  than  by  changing  that  of  the  hot  junc¬ 
tion  by  the  same  amount,  for  .example  it  was 


observed  (in  one  case)  that  the  emf  (320  p.v) 
developed  by  two  samples  of  iron  when  one  junc¬ 
tion  was  at  600°  C  and  the  other  at  25°  C  changed 
by  0.1  a tv  for  each  degree  change  in  the  tempera¬ 
ture  of  the  hot  junction  and  1.4  p.v  for  each  degree 
change  in  the  temperature  of  the  reference 
junctions. 


Table  8.  Average  temperature-emf  relationships  of  various 
thermocouple  materials  against  platinum  for  applying  ref¬ 
erence-junction  corrections 


Electromotive  force 

Tempera- 

Platinum 

Chromel 

Alumel 

Constan- 

Iron 

Copper 

ture 

versus 

versus 

versus 

tan 

versus 

versus 

platinum- 

plati- 

plati- 

versus 

plati- 

plati- 

rhodium  » 

num 

num 

plati- 

num 

num 

num 

0  C 

o  F 

mv 

mv 

mv 

mv 

mv 

mv 

-20 

-4 

-0. 103 

-0.  50 

0.  27 

0.  64 

-0.  36 

-0.  109 

-15 

+  5 

-.079 

-.38 

.20 

.48 

-.27 

-.084 

-10 

14 

-.054 

-.25 

.  14 

.32 

-.  18 

-.057 

-5 

23 

-.027 

-.  13 

.07 

.  16 

-.09 

-.029 

0 

32 

.000 

.00 

.00 

.00 

.00 

.000 

+5 

41 

+.028 

+.  13 

-.07 

-.  16 

+.09 

+.030 

10 

50 

.056 

.26 

-.  14 

-.33 

.  18 

.060 

15 

59 

.084 

.40 

-.20 

-.49 

.27 

.091 

20 

68 

.  113 

.  52 

-.28 

-.66 

.36 

.  124 

25 

77 

.  143 

.66 

-.34 

-.83 

.45 

.  158 

30 

86 

.  173 

.79 

-.41 

-1.00 

.54 

.  193 

35 

95 

.204 

.93 

-.47 

-1.  17 

.63 

.229 

40 

104 

.235 

1.  07 

-.  54 

-1.34 

.72 

.265 

45 

113 

.266 

1.21 

-.60 

-1.51 

.81 

.302 

50 

122 

.299 

1.35 

-.67 

-1.69 

.90 

.340 

a  These  values  apply  for  either  10-  or  13-percent  rhodium. 


8.  Accuracies  Obtainable 


The  accuracies  obtained  in  calibrating  the  var¬ 
ious  types  of  thermocouples  by  different  methods 
and  the  uncertainty  in  the  interpolated  values  by 
various  methods  are  given  in  table  9. 

These  accuracies  may  be  obtained  with  homo¬ 
geneous  thermocouples  when  reasonable  care  is 
exercised  in  the  work.  More  or  less  accurate  re¬ 
sults  can  be  obtained  by  the  same  methods.  In 
the  case  of  Chromel-Alumcl  and  iron-cons  tan  tan 
thermocouples  at  low  temperatures,  the  accuracy 
given  in  table  9  is  limited  by  the  uncertainty  in 
interpolated  values.  However,  this  uncertainty 
can  be  greatly  reduced  by  observing  the  emf  of  the 
thermocouples  at  more  points.  The  accuracy  ob¬ 
tained  with  copper-constantan  thermocouples  at 
low  temperatures  is  usually  limited  by  the  emf 
measurements  and  in  such  cases  the  accuracy  may 
be  improved  by  employing  a  number  of  thermo¬ 
couples  in  series  (multiple-junction  couples). 
When  it  is  desired  to  test  a  thermocouple  and  leads 
or  thermocouple,  leads,  and  indicator  as  a  unit  by 


any  of  the  methods  described  in  the  preceding  sec¬ 
tions,  no  additional  difficulties  are  encountered. 

The  following  services  are  provided  by  the  Na¬ 
tional  Bureau  of  Standards  for  fees  covering  the 
cost. 

(1)  Thermocouples  are  calibrated  and  certified 
as  accurately  as  the  conditions  of  use  and  the 
homogeneity  and  stability  of  the  wires  justify. 
The  accuracies  given  in  table  9  have  been  found 
to  meet  most  needs. 

(2)  Indicators  used  with  thermocouples  are  cal¬ 
ibrated  separately  or  in  combination  with  a  par¬ 
ticular  thermocouple. 

(3)  The  thermal  electromotive  forces  of  thermo¬ 
couple  materials  against  the  standard  Pt  27  are 
determined  and  the  results  certified  to  the  limits 
justified  by  the  material. 

(4)  Standard  Samples  of  metals  are  distributed, 
each  with  a  certificate  giving  the  value  of  the 
freezing  point.  The  freezing-point  metals  being 
distributed  at  present  are  tin,  lead,  zinc,  aluminum, 
and  copper. 
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Table  9.  Summary  of  methods  and  accuracies  obtainable  in  calibrating  thermocouples 
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Either  10-  or  13-percent  rhodium.  b  In  stirred  liquid  bath. 
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STABILITY  OF  BASE-METAL  THERMOCOUPLES  IN  AIR 
FROM  800°  TO  2,200°  F 

By  Andrew  I.  Dahl 


abstract 

A  study  has  been  made  of  the  changes  in  the  emf  of  Chromel-Alumel  and  iron- 
constantan  thermocouples  heated  in  an  oxidizing  atmosphere  at  various  temper¬ 
atures  and  for  various  periods  of  time.  The  thermocouples  were  held  at  definite 
temperatures,  ranging  from  800°  to  2,200°  F,  in  steps  of  200°  F.  Calibrations 
were  made  of  the  thermocouples  in  their  original  condition,  and  again  after 
heating  them  at  each  temperature  for  total  times  of  10,  50,  100,  200,  400,  600, 
800,  and  1,000  hours,  or  as  long  as  the  thermocouples  remained  serviceable.  The 
thermal  emf  of  each  element  against  platinum  was  measured  in  order  to  deter¬ 
mine  the  relative  stability  of  the  individual  elements.  A  few  tests  were  made 
to  determine  the  effect  of  wire  size  on  the  stability.  The  effects  of  changing  the 
depth  of  immersion  of  thermocouples  after  they  had  been  used  under  controlled 
conditions  were  also  studied. 

Since  all  tests  were  made  in  an  atmosphere  of  clean  air,  the  results  give  no 
information  on  stability  except  under  oxidizing  conditions. 
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I.  INTRODUCTION 

With  the  widespread  use  of  base-metal  thermocouples  for  tempera¬ 
ture  measurement  and  control  in  industrial  processes,  there  are  nu¬ 
merous  instances  where  high  accuracy  is  of  vital  importance.  Some 
processes  require  that  a  given  temperature  be  maintained  within  nar¬ 
row  limits  for  an  extended  period  of  time,  if  efficiency  in  operation 
and  uniformity  in  production  are  to  be  maintained.  In  order  to  meet 
these  requirements,  a  more  complete  knowledge  of  the  thermoelectric 
stability  of  base-metal  thermocouple  materials  is  necessary. 

Practically  all  base-metal  thermocouple  wire  produced  in  this 
country  is  annealed  or  given  a  stabilizing  heat  treatment  by  the  man¬ 
ufacturer.  For  most  purposes  this  treatment  renders  the  product 
sufficiently  stable,  so  that  further  changes  which  may  occur  while  the 
thermocouple  is  in  service  may  be  neglected.  However,  when  high 
accuracy  is  required  throughout  the  useful  life  of  the  thermocouple, 
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these  changes  must  be  taken  into  account.  In  many  industrial 
processes,  thermocouples,  when  placed  in  service,  are  left  undisturbed 
until  there  is  evidence  of  either  mechanical  failure  or  of  serious  error 
in  the  temperatures  indicated.  However,  long  before  this  occurs,  the 
thermocouple  may  have  changed  to  such  an  extent  as  to  make  it  un¬ 
reliable  for  accurate  temperature  measurement.  The  changes  in  the 
thermoelectric  characteristics  of  thermocouple  materials  due  to  or¬ 
dinary  service  conditions  are  usually  gradual  and  cumulative.  They 
depend  upon  such  factors  as  the  temperatures  encountered,  the  length 
of  time  in  service,  and  the  atmosphere  surrounding  the  thermocouple. 
The  various  types  of  thermocouple  materials  are,  affected  in  various 
ways  and  to  various  degrees. 

When  the  reference- junction  temperature  is  maintained  constant, 
the  emf  developed  by  a  homogeneous  thermocouple  depends  only  on 
the  temperature  of  the  measuring  junction.  The  emf  developed  by 
an  inhomogeneous  thermocouple  depends  not  only  on  the  temperature 
of  the  measuring  junction  but  also  on  the  temperature  distribution 
throughout  the  inhomogeneous  portions  of  the  wires.  All  base- 
metal  thermocouples  become  inhomogeneous  with  use  at  high 
temperatures.  However,  if  all  the  inhomogeneous  portions  of  the 
thermocouple  wires  are  in  a  region  of  uniform  temperature,  the 
inhomogeneous  portions  have  no  effect  upon  the  indications  of  the 
thermocouple.  Therefore,  an  increase  in  the  depth  of  immersion 
of  a  used  couple  has  the  effect  of  bringing  previously  unlieated  portions 
of  the  wires  into  the  region  of  temperature  gradient,  and  thus  the 
indications  of  the  thermocouple  will  correspond  to  the  original  emf- 
temperature  relation,  provided  the  increase  in  immersion  is  sufficient 
to  bring  all  of  the  previously  heated  part  of  the  wires  within  the  zone 
of  uniform  temperature.  If  the  immersion  is  decreased,  the  more 
inhomogeneous  portions  of  the  wires  will  be  brought  into  the  region 
of  temperature  gradient,  thus  giving  rise  to  a  change  in  the  indicated 
emf.  Furthermore,  a  change  in  the  temperature  distribution  along 
inhomogeneous  portions  of  the  wire  nearly  always  occurs  when  a 
couple  is  removed  from  one  installation  and  placed  in  another,  even 
though  the  measured  immersion  and  the  temperature  of  the  measuring 
junction  are  the  same  in  both  cases.  Thus  the  indicated  emf  is 
changed. 

Although  it  is  recognized  that  there  are  differences  in  composition 
and  thermoelectric  properties  between  various  lots  of  thermocouple 
materials  of  the  same  general  type,  it  is  believed  that  the  changes  in 
the  thermoelectric  properties  of  a  few  selected  lots  of  material  will 
give  a  general  idea  of  the  changes  which  would  occur  in  other  lots  of 
the  same  general  type,  provided  that  all  the  lots  have  received  the 
same  initial  heat  treatment. 

II.  MATERIALS  INVESTIGATED 

The  thermocouple  materials  studied  were  Chromel  P,  Alumel, 
iron,  and  constantan.  Chromel  P  and  Alumel  wire  of  No.  18  gage 
and  iron  and  constantan  of  No.  14  gage  were  used  for  the  tests  at 
800°  and  1,000°  F.  For  the  tests  at  1,200°  F  and  above,  No.  8  gage 
wires  were  used.  To  determine  the  relation  of  wire  size  to  the  thermo¬ 
electric  stability,  additional  tests  were  made  on  No.  18  and  No.  22 
gage  Chromel  and  Alumel  at  1,200°  and  1,600°  F,  and  on  No.  18  gage 
iron  and  constantan  at  1,200°  and  1,400°  F. 


112/206 


Dahl) 


Stability  of  Base-Metal  Thermocouples 

Samples  of  the  various  materials  were  secured  from  several  sources. 
Each  of  the  materials  used  in  the  investigation  had  the  tempera  ture- 
emf  relation  characteristic  of  the  large  percentage  of  the  material  of 
its  particular  type  now  being  manufactured.  All  of  the  wires  had 
been  heat  treated  by  the  manufacturers  hi  the  manner  considered 
standard  for  the  particular  type  of  wire. 

III.  TEST  METHODS 

Since  Chromel  P  is  generally  used  in  combination  with  Alumel, 
and  iron  with  constantan,  the  materials  were  paired  in  this  manner. 
In  addition  to  determining  the  tempera ture-emf  relation  for  each 
pair,  the  thermal  emf  of  the  individual  elements  of  each  pair  against 
the  platinum  standard  1  Pt  27  was  determined.  In  this  way  the 
thermoelectric  changes  of  each  thermocouple  material  were  deter¬ 
mined  independently.  The  difference  of  the  thermal  emfs  of  the 
individual  elements  of  a  thermocouple  against  a  third  material  is 
equal  to  the  emf  of  the  thermocouple.  As  all  three  were  measured  in 
this  work,  any  two  served  as  a  check  upon  the  third. 

The  temperatures  were  measured  with  a  standard  platinum  to 
platinum— 10  percent  rhodium  thermocouple  calibrated  in  accordance 
with  the  specifications  for  the  International  Temperature  Scale.2 
The  platinum  working  standard  used  was  checked  periodically  against 
Pt  27. 

The  pair  or  pairs  of  wire  under  test  were  insulated  by  two-hole 
porcelain  insulators.  The  platinum  reference  wire  was  protected 
by  a  glazed  porcelain  tube  and  was  sealed  through  the  end  of  the 
protection  tube  with  a  Pyrex  glass,  leaving  about  1  cm  of  the  end  of 
the  wire  protruding  beyond  the  seal.  The  platinum-rhodium  thermo¬ 
couple,  insulated  with  a  two-hole  porcelain  tube  inside  a  glazed  por¬ 
celain  protection  tube,  was  likewise  sealed  through  the  end  of  its 
protection  tube  with  a  Pyrex  glass,  leaving  the  welded  junction  pro¬ 
truding  about  1  cm  beyond  the  seal.  The  ends  of  the  base-metal 
wires,  the  platinum  reference  wire,  and  the  standard  thermocouple 
were  then  welded  together  to  form  a  single  composite  junction. 

The  furnace  used  in  this  work  was  of  the  resistance  type  wound 
with  platinum-rhodium  wire.  The  furnace  tube  of  Alundum  was  60 
cm  long  and  3-cm  inside  diameter.  The  wires  under  test,  together 
with  the  platinum  reference  wire  and  the  platinum-rhodium  thermo¬ 
couple,  were  placed  in  the  furnace  with  the  composite  junction  at 
about  the  midpoint.  The  wires  were  then  securely  clamped  with 
respect  to  the  furnace.  Although  the  ends  of  the  furnace  tube  were 
closed  with  asbestos  ’wool  to  promote  temperature  uniformity,  no 
attempt  was  made  to  exclude  air  from  the  heated  chamber,  so  that 
the  atmosphere  prevailing  within  the  tube  was  oxidizing.  The 
reference  junctions  were  maintained  at  32°  F  during  all  the  measure¬ 
ments.  The  temperature  of  the  furnace  was  maintained  practically 
constant  during  any  observation  at  a  given  point  by  means  of  a 
hand-operated  voltage  regulator  in  the  power  circuit. 

To  obtain  data  on  the  effect  of  long-time  exposure  to  high  tempera¬ 
tures  upon  the  thermoelectric  properties  of  the  materials,  the  following 
procedure  was  adopted.  The  initial  measurements  were  made  on  the 
sample  as  received  from  the  manufacturer.  Measurements  of  the 

1  The  thermoelectric  reference  standard  maintained  at  the  National  Bureau  of  Standards, 
t  Q.  K.  Burgess,  BS  J.  Research  1,  635  (1928)  RP22. 
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thermal  emfs  of  the  various  combinations  were  made  at  intervals  of 
200°  F  up  to  and  including:  in  each  case  the  temperature  at  which  the 
effect  of  heating  was  to  be  determined.  The  furnace  was  then  allowed 
to  cool  to  room  temperature,  and  the  measurements  were  repeated. 
The  differences  between  the  two  sets  of  measurements  were  ascribed 
to  the  initial  heating  and  will  be  referred  to  as  the  “initial  changes.” 
Similar  measurements  were  then  made  after  the  materials  had  been 
held  at  the  test  temperature  for  total  elapsed  times  of  10,  50,  100, 
200,  400,  600,  800,  and  1 ,000  hours,  or  as  long  as  the  materials  remained 
serviceable.  The  test  temperatures  included  every  temperature  from 
800°  F  to  and  including  2,000  °F,  in  steps  of  200°  F.  Chromel  P 
and  Alumel  were  also  tested  at  2,200°  F.  A  fresh  sample  was  used  for 
the  test  at  each  temperature.  During  heating  periods,  the  temperature 
of  the  furnace  was  maintained  constant  within  ±  5°  F  by  means  of  an 
automatic  temperature  controller. 

The  procedure  followed  in  studying  the  effect  of  decreasing  the 
depth  of  immersion  was  as  follows: 

The  materials  were  heated  in  the  electric  furnace  for  a  period  of 
20  hours  at  a  constant  temperature.  Following  this  heat  treatment, 
the  thermal  emf  of  the  samples  was  determined,  the  position  of  the 
samples  being  maintained  the  same  as  that  during  the  20-hour  heating 
period.  The  furnace  was  then  allowed  to  cool  to  room  temperature, 
and  the  immersion  was  decreased  3  inches  .and  the  thermal  emf 
determined  in  this  new  position.  The  difference  between  the  observa¬ 
tions  for  a  given  sample  is  due  only  to  the  change  in  immersion,  since 
no  heating  took  place  between  the  two  sets  of  measurements.  This 
type  of  test  was  carried  out  on  No.  8  gage  iron  and  constantan  at 
temperatures  from  600°  to  1,800°  F,  in  200°  F  steps,  and  on  No.  8 
gage  Chromel  P  and  Alumel  from  600°  to  2,200°  F. 

IV.  RESULTS 

1.  TEMPERATURE  EXPOSURE  TESTS 
(a)  CHROMEL  P  AND  ALUMEL 

Figures  1  and  2  show  the  results  obtained  on  No.  18  gage  Chromel 
P  and  Alumel  heated  at  800°  and  1,000°  F,  respectively.  The  changes 
in  the  completed  Chromel -Alumel  thermocouples  are  also  shown.  The 
changes  in  the  individual  elements  are  in  the  same  direction,  so  that 
each  becomes  thermoelectrically  positive  to  the  material  in  its  original 
condition.  The  convention  followed  in  regard  to  sign  is  as  follows: 

If  in  a  simple  thermoelectric  circuit  the  current  flows  from  metal  A 
to  metal  B  at  the  colder  junction,  A  is  thermoelectrically  positive 
to  B.  On  the  basis  of  this  convention,  Chromel  P  is  positive  to 
Alumel.  Therefore,  a  positive  change  in  Chromel  P  will  increase  the 
emf  of  a  Chromel-Alumel  thermocouple,  while  a  positive  change  in 
Alumel  will  decrease  the  emf  of  the  thermocouple.  The  changes 
observed  in  the  tests  at  800°  and  1,000°  F  are  small,  in  all  cases  less 
than  the  equivalent  of  1°  F  for  a  Chromel-Alumel  thermocouple. 

Figures  3  to  8,  inclusive,  show  the  results  obtained  with  No.  8 
gage  Chromel  P  and  Alumel  at  temperatures  from  1,200°  to  2,200°  F, 
inclusive.  The  changes  in  the  emf  of  Chromel  P  are  in  the  positive 
direction  throughout  all  tests,  with  the  exception  of  the  test  at  2,200° 
F,  where  a  negative  change  was  observed  at  temperatures  above  1,600° 
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Figure  1.— Changes  in  No.  18  gage  Chromel  P  and  Alumel  due  Figure  2.— Changes  in  No.  18  gage  Chromel  P  and  Alumel  due 

to  heating  at  800°  F  for  the  total  times  indicated  on  the  graphs.  to  heating  at  1,000°  F  for  the  total  times  indicated  on  the  graphs. 
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igttre  7. — Changes  in  No.  8  gage  Chromel  P  and  Alumel  due  Figure  8. — Changes  in  No.  8  gage  Chromel  P  and  Alumel 

to  heating  at  2,000°  F  for  the  total  times  indicated  on  the  graphs.  due  to  heating  at  2,200°  F  for  the  total  times  indicated  on 

the  graphs. 
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F.  The  magnitude  of  the  changes  is,  in  nearly  all  cases,  in  the  order 
of  the  duration  of  the  heating  periods,  the  maximum  change  occurring 
at  about  1,200°  F.  The  changes  in  the  Alumel  are  in  the  positive 
direction  throughout  the  tests  at  1,200°  and  1,400°  F.  In  the  tests 
at  1,600°  F  and  above,  the  changes  in  the  emf  of  the  Alumel  between 
about  800°  and  1,100°  F  are  extremely  small.  Above  1,100°  F  the 
changes  are  negative  and  of  appreciable  magnitude.  This  is  most 
clearly  shown  in  figure  7.  The  materials  used  in  the  test  at  2,200°  F 
failed  after  about  300  hours  of  heating. 

Tests  of  No.  8,  No.  18,  and  No.  22  gage  Chromel-Alumel  thermo¬ 
couples  heated  at  1,200°  F  for  a  total  of  1,000  hours  indicated  that 


TEMPERATURE  -  DEGREES  FAHRENHEIT 

Figure  9. — Changes  in  No.  8,  No.  18,  and  No.  22  gage  Chromel-Alumel  thermo¬ 
couples  due  to  heating  at  1,600°  F  for  the  total  times  indicated  on  the  graphs. 

the  changes  in  the  thermocouples  of  the  various  sizes  were  nearly 
the  same,  and  in  all  cases  less  than  the  equivalent  of  2.5°  F.  Figure 
9  shows  the  effects  on  the  same  sizes  of  Chromel-Alumel  thermocouples 
when  heated  at  1,600°  F.  The  change  in  calibration  at  400°  F  is 
largest  in  the  smallest  size,  but  the  reverse  is  true  for  the  change  at 
1  000°  F. 

’  The  changes  in  the  emf  of  the  Chromel-Alumel  thermocouples 
produced  by  the  total  heating  time  in  each  of  the  tests  are  shown 
in  figure  10  (reproduced  from  fig.  1  to  8,  inclusive).  In  the  test  at 
2,200°  F  the  change  after  only  200  hours  is  shown,  this  being  the 
elapsed  time  when  the  last  measurements  preceding  failure  were 
made.  The  peculiar  change  in  the  Alumel  previously  mentioned  is 
reflected  in  change  of  the  thermocouples. 
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(b)  IRON  AND  CONSTANTAN 

Figures  11  and  12  show  the  results  obtained  on  No.  14  gage  iron 
and  constantan  tested  at  800°  and  1,000°  F,  respectively.  The 
changes  in  all  cases  are  small,  being  less  than  the  equivalent  of  1°  F. 

The  results  on  No.  8  gage  iron  and  constantan  tested  at  1,200° 
to  2,000°  F,  inclusive,  are  shown  in  figures  13  to  17.  The  time  inter¬ 
vals  between  calibrations  were  shortened  for  the  tests  at  1,800°  and 
2,000°  F,  since  at  these  temperatures  the  materials  change  at  a  rapid 
rate.  The  tests  were  continued  until  the  materials  failed. 


Figure  11. — Charges  in  No.  14  gage  iron  and  constantan  due  to  heating  at  800°  F 
for  the  total  times  indicated  on  the  graphs. 

The  relative  thermoelectric  stability  of  No.  8  and  No.  18  gage 
iron-constantan  thermocouples  heated  at  1,400°  F  is  shown  in  figure 
18.  As  might  be  expected,  the  emf  changes  in  the  smaller  wire  pro¬ 
ceed  more  rapidly.  The  No.  18  gage  thermocouple  failed  after  about 
400  hours  of  heating,  while  the  No.  8  gage  remained  serviceable 
throughout  the  1,000  hours  of  the  test.  However,  the  measurements 
made  on  the  thermocouple  at  the  end  of  the  1,000-hour  period  indicated 
that  failure  was  near.  A  test  on  these  same  sizes  at  1,200°  F  showed 
no  appreciable  difference  in  their  thermoelectric  stability  at  this 
test  temperature,  the  maximum  change  after  1,000  hours  of  heating 
being  about  the  equivalent  of  4°  F. 

The  change  in  the  emf  of  constantan  was  gradual  and  cumulative 
throughout  each  test.  In  the  case  of  iron  the  change  in  emf  was 
relatively  small  until  failure  of  the  wire  was  approached.  When  this 
stage  was  reached,  the  change  was  rapid  and  relatively  large.  This 
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Figure  12. — Changes  in  No.  H  gage  iron  and  constantan  Figure  13. — Changes  in  No.  8  gage  iron  and  constantan  due 

due  to  heating  at  1,000°  F  for  the  total  times  indicated  to  heating  at  1,200°  F  for  the  total  times  indicated  on  the 

on  the  graphs.  graphs. 
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Figure  16.- — Changes  in  No.  8  gage  iron  and  constantan  due  to  heating  at  1,800°  F 
for  the  total  times  indicated  on  the  graphs. 


TEMPERATURE  -  DEGREES  FAHRENHEIT 

Figure  17.- — Changes  in  No.  8  gage  iron  and  constantan  due  to  heating  at  2,000 °  F 
for  the  total  times  indicated  on  the  graphs , 
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was  true  for  all  tests  in  which  iron  was  heated  until  failure  occurred. 
The  life  of  the  iron  element  was  found  to  be  approximately  the  same 
as  that  of  the  constantan. 

2.  IMMERSION  TESTS 

Table  1  gives  the  observed  changes  in  the  thermal  emf  of  No.  8 
gage  iron  and  constantan  produced  by  a  3-inch  decrease  in  immersion 
following  the  20-hour  heating  period.  The  changes  in  both  of  the 
elements  are  gradual  and  regular  throughout,  the  magnitude  of  the 
emf  changes  in  constantan  being  everywhere  considerably  greater 
than  in  the  case  of  iron.  Figure  19  shows  the  change  in  the  emf  of  the 
iron-constantan  thermocouple  under  the  various  conditions  of  heating 
(test  at  1,800°  F  not  shown  in  graph).  A  greatly  increased,  though 
regular,  change  is  clearly  shown  for  the  test  at  1,600°  F.  At  1,800°  F 
the  change  is  about  four  times  as  great  as  that  observed  at  1,600°  F. 

Table  1. — Changes  {in  thermal  emf)  at  various  temperatures  caused  by  decreasing  the 
depth  of  immersion  3  inches ,  after  heating  the  wires  in  air  at  the  temperatures 
indicated  for  20  hours 

IRON 


Calibration  temperature 

Heating  temperature 

000  °F 

* 

o 

g 

00 

1 

1,000  °F 

1,200  °F 

1,400  °F 

1,600  °F 

1,800  °F 

op 

fW 

no 

H7f 

no 

no 

no 

no 

200 _ _ _ _ 

1 

5 

3 

1 

-2 

-1 

-2 

400 _ 

0 

7 

4 

3 

-2 

-4 

-9 

000 _ 

1 

8 

3 

4 

-2 

-7 

-18 

800 _ _  . 

7 

2 

4 

-3 

-12 

-29 

1,000 _  _ _ ....  _ 

3 

4 

-6 

-19 

-43 

1,200 _ 

1 

-9 

-30 

-58 

1,400 .  . . 

-13 

—43 

—72 

1,600 _ _ _ 

-57 

-80 

1,800. . . . . . . 

-100 

CONSTANTAN 


200 _ _ _  _ _ _ 

4 

10 

13 

14 

14 

25 

83 

400 _ _ 

7 

18 

20 

30 

28 

62 

224 

600 . 

9 

27 

26 

43 

41 

93 

374 

800 _ _ _ _ _ 

35 

37 

52 

53 

127 

504 

1,000 _ 

49 

60 

54 

156 

615 

1  200  ...  .  _  _  _  ____ 

65 

65 

182 

735 

S 

TP 

68 

208 

837 

1,600 _ _ _ 

223 

935 

1,800  . 

1,078 

IRON-CONSTANTAN 


200 _ _ _ 

-3 

-5 

-10 

-13 

-16 

-26 

-85 

400 _ 

-7 

-11 

-16 

-27 

-30 

-66 

-233 

600 _ _ _ 

-8 

-19 

-23 

-39 

-43 

-100 

-392 

800... 

-28 

-35 

-48 

-66 

-139 

-533 

1,000 . 

-46 

-56 

-60 

-175 

-658 

1,200  .. 

-64 

-74 

-212 

-793 

1,400 . 

-81 

-251 

-909 

1,600 . . 

-280 

-1,015 

1,800...  . 

-1,  178 

Table  2  gives  the  observed  effects  for  No.  8  gage  Chromel  P  and 
Alumel  of  changes  in  immersion,  as  outlined  above.  In  the  tests  up 
to  and  including  1,600  °F  the  effect  is  gradual  and  approximately  regu¬ 
lar.  At  1,800  °F  and  above,  the  Alumel  element  exhibited  an  irregular 
effect,  somewhat  similar  to  that  observed  in  the  exposure  tests,  which 
became  more  pronounced  as  the  heating  temperature  was  increased. 
Figure  20  illustrates  the  results  for  the  Chromel- Alumel  thermocouples. 
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Figure  18. — Changes  in  No.  8  and  No.  18  gage  iron-constantan  thermocouples  due 
to  heating  at  1,400°  F  for  the  total  times  indicated  on  the  graphs. 


Figure  19. — Changes  in  the  indications  of  No.  8  gage  iron-constantan  thermocouples 
due  to  a  3-inch  decrease  in  immersion  after  the  couples  had  been  heated  for  20  hours 
at  the  temperatures  indicated  on  the  graphs. 
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Table  2. — Changes  {in  thermal  emf)  at  various  temperatures  caused  by  decreasing 
the  depth  of  immersion  8  inches  after  heating  the  wires  in  air  at  the  temperatures 
indicated  for  20  hours 

CHROMEL P 


Heating  temperature 


Calibration  temperature 

600°  F 

800°  F 

1,000°  F 

1,200°  F 

1,400°  F 

1,600° F 

1,800° F 

2,000°  F 

2,200° F 

°F 

200  _ 

2 

4 

5 

12 

10 

13 

-1 

-7 

-7 

400  _ _ _ 

6 

0 

8 

21 

25 

24 

+  1 

4 

-12 

-35 

600. ._ _ _ _ 

10 

18 

19 

31 

35 

36 

-14 

-50 

800  . . 

31 

30 

36 

46 

45 

10 

—  16 

-49 

1,000 _ _ _ _ 

40 

41 

64 

57 

13 

—  21 

-52 

R200 _  _ 

49 

59 

71 

31 

-32 

-53 

1,400 _ 

65 

79 

48 

-28 

-81 

1,600 _ 

86 

68 

-29 

-103 

1,800. _ _ 

95 

-28 

-130 

2,000... _ _ 

-18 

—  158 

2,200. . . . . 

-176 

ALUMEL 


200. _ _  _ 

1 

1 

2 

-2 

-2 

-3 

-5 

-13 

-31 

400... . .  ._ 

3 

2 

1 

-3 

-4 

-6 

-26 

-59 

-128 

600  _ _ 

9 

7 

-1 

-6 

-6 

-8 

-35 

-89 

-193 

800 _  _  .. 

10 

-4 

-12 

-11 

-9 

-25 

-73 

-159 

1,000  . 

+  1 

—17 

-17 

-10 

-10 

-46 

-134 

E200-. 

-17 

-25 

-12 

-13 

—  33 

-78 

1,400. _ _ 

-25 

-15 

-21 

-39 

-86 

1,600. _ _ _  .. 

-17 

-32 

-54 

-110 

R800 _ 

-45 

-74 

-157 

2,000  _ _  .. 

-102 

-214 

2,200. . . 

-281 

CHROMEL-ALUMEL 


200  _ _  _ _ _ 

1 

3 

3 

14 

12 

16 

4 

6 

24 

400  _  _ 

2 

7 

7 

24 

29 

30 

27 

47 

93 

600 _ _ 

1 

11 

20 

37 

41 

44 

39 

75 

140 

800 _ 

21 

34 

48 

55 

54 

35 

57 

no 

1,000. _ _ 

41 

58 

71 

67 

23 

25 

82 

1,200 _ _ _ 

66 

84 

83 

43 

1 

25 

1,400 . .  . 

90 

94 

69 

11 

5 

1,600  _ _ 

103 

100 

25 

7 

1,800. _ _ 

140 

46 

27 

2,000  _ 

84 

55 

2,200  . . . . 

105 

V.  DISCUSSION  OF  RESULTS 

As  has  been  previously  pointed  out,  the  materials  were  heated  in  an 
oxidizing  atmosphere.  Furthermore,  the  depth  of  immersion  of  the 
materials  in  the  furnace  was  constant  throughout  each  exposure  test. 
Direct  application  of  the  results  obtained  must  be  limited  to  cases 
where  these  conditions  prevail. 

From  the  observations  reported,  it  is  seen  that  long-time  exposure 
of  a  Chromel-Alumel  thermocouple  to  high  temperatures  causes  the 
emf  corresponding  to  a  given  temperature  to  increase  or  the  tempera¬ 
ture  corresponding  to  a  given  emf  to  decrease.  The  effect  on  an  iron- 
constantan  thermocouple  is  just  the  reverse. 

Failure  of  a  Chromel-Alumel  thermocouple  (No.  8  gage)  occurred 
within  the  1,000-hour  heating  period  only  in  the  test  at  2,200°  F.  In 
this  case  an  open  circuit  was  indicated  after  300  hours,  and  examina¬ 
tion  of  the  sample  showed  that  the  metal  forming  the  welded  junction 
and  the  individual  wires  for  some  distance  from  the  welded  junction 
were  oxidized  nearly  through. 
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The  1,000-hour  heating  periods  at  2,000°  and  1,800°  F  for  No.  8 
gage  Chromel  P  and  Alumel  also  produced  appreciable  oxidation  of 
the  materials.  In  the  test  at  2,000° F  the  diameter  of  the  wires,  after 
the  oxide  was  removed,  was  2.3  mm  for  the  Alumel  and  2.6  mm  for  the 
Chromel  P,  as  compared  with  3.3  mm  for  the  original  diameters.  For 
the  test  at  1,800°  F  the  diameter,  after  removing  the  oxide,  was  2.6  mm 
for  the  Alumel  and  3.1  mm  for  the  Chromel  P.  In  the  tests  at  1,600°  F 
and  below,  the  oxidation  had  not  materially  decreased  the  diameter  of 
the  wires. 

The  exposure  tests  on  No.  8  gage  iron-constantan  thermocouples 
showed  failure  of  the  materials  within  the  1,000-hour  heating  time 
for  the  tests  at  1,600°  F  and  above.  Failure  occurred  after  12  hours 
at  2,000°  F,  after  28  hours  at  1,800°  F,  and  after  300  hours  at  1,600°  F. 
The  No.  18  gage  iron-constantan  thermocouple  failed  after  about  500 
hours  at  1,400°  F,  while  the  No.  8  gage  thermocouple  remained  service¬ 
able  throughout  the  1,000-hour  test  at  1,400°  F.  However,  at  the 
conclusion  of  the  test  the  diameters  of  the  No.  8  gage  materials  had 
been  reduced  to  about  one-tenth  of  their  original  value. 

A  summary  of  the  changes  observed  for  Chromel- Alum  el,  iron- 
constantan,  and  Chromel-constantan  thermocouples  produced  by 
long-time  exposure  to  various  temperatures  is  given  in  table  3.  The 
values  for  Chromel-constantan  were  obtained  indirectly  by  combining 
the  changes  in  the  individual  elements.  Though  the  changes  in  both 
Chromel  P  and  constantan  are  considerably  larger  than  those  of  the 
completed  thermocouple,  the  directions  are  such  that  the  changes 
counteract  each  other,  so  that  the  change  in  a  Chromel-constantan 
thermocouple  is  small.  The  life  of  this  thermocouple  is  limited  by 
that  of  the  constantan  element. 

Table  3. — Changes  in  the  calibration  of  base-metal  thermocouples  heated  in  air  in 

an  electric  furnace 


Exposure  temperature 

Chromel-Alumel 

Iron-constantan 

Chromel-constantan 

Hours  of 
exposure 

Maximum 

change 

Hours  of 
exposure 

Maximum 

change 

Hours  of 
exposure 

Maximum 

change 

o  p 

°  F 

o  p 

°F 

800 _ 

1,000 

<i 

1,000 

<1 

1,000 

<1 

1,000 _ _ 

1, 000 

<i 

1, 000 

<1 

1,000 

<1 

1,200. _ _ _ 

1,000 

+2 

1,000 

-4 

1,000 

-1 

1,400 _ 

1,000 

3 

800 

-7 

1,000 

-2 

1,600 _ 

1,000 

5 

100 

-10 

100 

-4 

1,800 

1,000 

8 

28 

-18 

2,000 

i;  ooo 

19 

8 

-19 

2,200 

200 

21 

The  relatively  large  changes  in  calibration  observed  for  Chromel- 
Alumel  thermocouples  at  400°  and  600°  F,  after  the  couples  have  been 
exposed  to  temperatures  of  1,600°  F  and  above,  are  not  as  serious 
as  may  at  first  appear.  When  a  thermocouple  is  used  for  accurate 
measurement  of  temperatures  of  1,600°  F  or  above,  it  is  seldom  re¬ 
quired  that  this  same  couple  be  used  for  accurate  measurements  at 
temperatures  as  low  as  400°  or  600°  F.  Therefore,  the  relatively  large 
changes  at  these  lower  temperatures  are  of  no  great  importance. 
A  thermocouple  which  is  to  be  used  for  accurate  measurements  below 
1,000°  F  should  not  be  exposed  to  the  higher  temperatures.  If  this 
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procedure  is  followed,  the  relatively  large  changes  at  400°  and  600°  F 
will  be  avoided. 

The  results  on  the  immersion  tests  emphasize  the  importance  of 
never  decreasing  the  depth  of  immersion  of  a  thermocouple  after  it 
has  once  been  placed  in  service.  The  practice  of  using  a  single  base- 
metal  thermocouple  for  high-temperature  measurements  in  a  number 
of  different  installations  should  be  avoided.  It  is  even  difficult  to 
obtain  consistent  and  accurate  results  by  using  a  thermocouple  in  a 
single  installation  if  the  couple  is  withdrawn  and  replaced  between 
periods  of  service.  The  results  obtained  by  removing  a  used  base- 
metal  couple  from  an  installation  to  determine  the  corrections  to  the 
original  calibration  by  testing  it  in  a  laboratory  furnace  are  unreliable. 
The  temperature  gradients  in  the  two  furnaces  usually  differ  widely, 
and  hence  the  results  will  not  be  applicable  to  the  actual  service 
conditions.  If  it  is  practicable  by  any  means  to  remove  the  inhomo¬ 
geneous  portions  of  the  thermocouple  from  the  temperature  gradient, 
then  the  original  calibration  of  the  couple  is  applicable. 

Washington,  December  14,  1939. 


Note: 

The  reader  should  bear  in  mind  that  the  data  appearing 
in  this  research  paper  is  representative  of  the  types 
of  base  metal  thermocouple  wire  that  were  manufactured 
during  or  prior  to  1940.  The  base  metal  thermocouple 
wire  that  is  manufactured  today,  due  to  modern  manu¬ 
facturing  t  echniques ,  is,  in  most  instances,  superior 
to  the  above  mentioned  wire. 
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Calibration  of  Pyrometric  Cones 

by  H.  P.  BEERMAN 

National  Bureau  of  Standards,  Washington,  D.  C. 


Pyrometric  cones  produced  by  the  Standard 
Pyrometric  Cone  Company  (now  known  as  The 
Edward  Orton,  Jr.,  Ceramic  Foundation)  were 
calibrated  at  the  National  Bureau  of  Standards 
in  1926.  Cones  available  from  the  1926  calibra¬ 
tion  were  recalibrated,  and  new  working  stand¬ 
ards  were  obtained  by  calibrating  specimens  of 
present  production  from  the  Orton  Foundation. 
Heating  rates  of  150°  and  60°C.  per  hour  were 
used  in  determining  the  end  points  of  a  series  of 
large  cones,  whereas  a  rate  of  300°C.  per  hour 
was  employed  for  the  small  cones  through  cone 
12.  The  pyrometric  cone  equivalent  (P.C.E.) 
series  was  calibrated  and  extended  down  to 
cone  12. 


I.  Introduction 

yrometric  cones  are  slender  trihedral  pyramids  made  of 
mixtures  of  various  mineral  oxides.  They  are  used  to 
determine  when  the  desired  heat-treatment  of  all  types  of 
kiln-fired  ceramic  products  has  been  attained,  to  measure 
uniformity  of  heat-treatment  throughout  a  kiln,  and  to  gauge 
the  relative  refractoriness  of  ceramic  materials  and  products.1 
These  cones  range  from  cone  No.  022  (expressed  as  cone  022) 
to  cone  01,  and  from  cone  1  to  cone  42.  Their  end  points 
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1  Properties  and  Uses  of  Pyrometric  Cones,  p.  9.  Edward 
Orton,  Jr.,  Ceramic  Foundation,  Columbus,  Ohio,  1949.  55  pp. 


Fig.  1.  Furnace  with  Rt-Rh  resistance  used  for  calibration  of  cones  022 
through  20. 


cover  a  temperature  range  from  approximately  600°  to 
2000°C.  The  cones  are  set  in  a  plaque  so  that  one  side  of  the 
cone  makes  an  angle  of  82°  with  the  base  and  so  that  a  fixed 
length  of  the  cone  protrudes  above  the  plaque.  When  a  cone 
is  heated  to  a  sufficiently  high  temperature,  it  bends  over  and 
at  some  temperature  the  tip  of  the  cone  just  touches  the  upper 
surface  of  the  plaque.  The  temperature  at  the  time  of  con¬ 
tact  is  known  as  the  end  point.  The  cone,  however,  must 
have  been  subjected  to  a  known  rate  of  temperature  increase 
if  the  end  point  is  to  have  any  significance  in  terms  of  tempera¬ 
ture.  Appropriate  cones  are  set  alongside  the  ware  in  the 
kiln  and,  because  the  heating  rate  of  the  ware  and  of  the  cones 
is  the  same,  the  end  points  of  the  cones  are  an  indication  of  the 
thermal  treatment  the  ware  has  undergone. 

End  points  of  a  series  of  large  pyrometric  cones  (through 
cone  20)  manufactured  by  the  Standard  Pyrometric  Cone 
Company,  now  known  as  The  Edward  Orton,  Jr.,  Ceramic 
Foundation,  were  determined  in  1926  at  the  National  Bureau 
of  Standards  for  heating  rates  of  20°  and  150°C.  per  hour  in 
various  atmospheres.  Small  calcined  cones  23  through 
38  were  heated  at  100°C.  per  hour,  and  cones  34  through  42 


Fig.  2.  Photograph  of  Pt-Rh  resistance  furnace  and  control  equipment. 
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were  heated  at  a  rate  of  600° C.  per  hour.2  Since  that  time 
the  original  stiff-mud  method  of  fabricating  cones  has  been 
improved  by  the  adoption  of  the  dry-press  technique.  Also, 
a  new  cone  (No.  32V2)  was  added  to  the  series  about  20 
years  ago.  In  addition,  a  series  of  P.C.E.,  or  small  calcined 
cones  from  cone  12  through  cone  20,  is  now  being  supplied  for 
tests  according  to  the  A.S.T.M.  method.3  Thus  it  was  felt 
that  a  determination  of  the  end  points  of  cones  as  now  supplied 
would  be  desirable  to  determine  if  there  had  been  any  signifi¬ 
cant  changes  in  their  properties.  Still  another  cone,  No.  3D/2, 
was  introduced  when  the  need  became  apparent  in  the  course 
of  this  investigation. 

Two  heating  rates,  60°C.  per  hour  and  150°C.  per  hour, 
were  used  for  the  end-point  determinations  of  the  large  cones 
and  the  P.C.E.  cones.  To  meet  the  demands  of  many  ce¬ 
ramic  hobbyists,  whose  small  kilns  are  heated  rapidly,  two 
special  series  of  small  uncalcined  cones,  021  through  015  and 
010  through  12,  were  calibrated  at  a  heating  rate  of  300°C. 
per  hour. 


II.  Equipment  and  Procedure 

(J)  Platinum-Rhodium  Resistance  Furnace 

An  electrically  heated  furnace  (Figs.  1  and  2)  was  con¬ 
structed  in  which  the  resistance  was  platinum-20%  rhodium 
wire.  This  was  used  for  all  determinations  of  end  points  for 
cones  022  through  20.  An  electrically  heated  furnace  was 
chosen  instead  of  a  gas-fired  furnace  because  the  former 
permits  more  exact  control  of  the  rate  of  temperature  rise, 
avoids  disturbing  turbulences  inside  the  furnace  and  the  re¬ 
sulting  thermal  gradients,  and  insures  an  oxidizing  atmos¬ 
phere. 

The  Brown  Division  of  the  Minneapolis-Honeywell  Regu¬ 
lator  Company  assembled  the  control  equipment  (Fig.  3) 
which  provided  proportional  control  depending  on  the  un¬ 


2  C.  O.  Fairchild  and  M.  F.  Peters,  “Characteristics  of  Pyro- 
metric  Cones,”  J.  Am.  Ceram.  Soc.,  9  [11]  701-743  (1926). 

3  "Standard  Method  of  Test  for  Pyrometric  Cone  Equivalent 
(P.C.E.)  of  Refractory  Materials,”  A.S.T.M.  Designation 
C  24—46.  Manual  of  A.S.T.M.  Standards  on  Refractory 
Materials,  February  1952,  pp.  74-77;  1952  Book  of  A.S.T.M. 
Standards,  Part  3,  pp.  628-31.  American  Society  for  Testing 

Materials,  Philadelphia,  Pa. 


Fig.  4.  Photograph  of  cone  plaque  with  gauge  (center)  for  mounting 
cones  at  82°  and  of  cone  plaques  after  calibration  tests.  The  round 
plaques  were  used  in  the  Pt-Rh  resistance  furnace;  the  rectangular 
plaques  were  used  in  the  rhodium  resistance  furnace. 


balance  between  the  temperature  required  by  the  programmer 
and  the  temperature  indicated  by  a  Pt-10%  Rh  thermocouple. 

A  circular  test  plaque  (Fig.  4)  that  almost  completely  filled 
the  cross-sectional  area  of  the  furnace  was  used.  This  plaque 
and  a  refractory  ring  cemented  in  place  near  the  top  of  the 
furnace  served  as  baffles  and  thus  reduced  convection  cur¬ 
rents  and  radiation  losses.  In  the  furnace  the  plaque  rested 
on  a  thin  alumina  disk  supported  by  a  pedestal  that  could  be 
raised  and  lowered  with  an  elevating  mechanism.  This  disk 
was  checked  frequently  to  be  sure  it  was  level  when  it  was  in 
position  in  the  furnace. 

In  every  test,  three  thermocouples  (Pt  to  Pt-10%  Rh), 
previously  calibrated  at  the  National  Bureau  of  Standards  on 
the  1948  International  Temperature  Scale,4  were  inserted 
in  the  furnace.  One  thermocouple  supplied  a  signal  to  the 
controller  and  thus  maintained  the  proper  heating  rate  and 
the  other  two  were  used  in  making  measurements  of  end 
points  of  the  cones.  The  latter  two  thermocouples  were  in¬ 
serted  so  that  the  junctions  came  halfway  up  the  height  and 
alongside  a  cone.  All  thermocouples  were  checked  periodi¬ 
cally  against  calibrated  thermocouple  wire. 

Axial  temperature  gradients  were  measured  in  the  platinum- 
rhodium  resistance  furnace  for  the  three  heating  rates,  60°, 
150°,  and  300°C.  per  hour.  For  this  purpose,  thermocouples 
were  used,  of  which  one  ( B ,  Fig.  5)  was  located  at  the  base  of 
the  cone,  one  halfway  up  the  cone  ( M ),  and  one  ( T )  at  the  top 
of  the  cone.  Using  thermocouple  M  as  the  reference,  tem¬ 
perature  differences  were  observed  between  the  top  and  middle, 
and  the  bottom  and  middle,  thermocouple. 

In  the  platinum-rhodium  resistance  furnace,  which  re¬ 
quired  vertical  sighting,  usually  only  cones  of  the  same  cone 
number  were  tested  at  the  same  time.  As  soon  as  it  appeared 
that  an  end  point  had  been  reached,  the  plaque  bearing  the 
cones  was  lowered  from  the  furnace  to  determine  whether  or 


4  H.  F.  Stimson,  “International  Temperature  Scale  of  1948,” 
J.  Research  Natl.  Bur.  Standards,  42  [3]  209-18  (1949);  RP  1962; 
Ceram.  Abstr.,  1949,  August,  p.  193d. 
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Fig.  5.  Curves  showing  variation  in  temperature  between  thermocouple  8 
at  base  of  cone  and  thermocouple  T  at  tip  of  cone,  with  reference  to 
thermocouple  M  at  middle  of  cone.  Temperatures  corresponding  to 
millivolts  along  the  abscissa  are  based  on  the  calibration  of  the  thermo¬ 
couple  wire  used  in  the  tests. 


not  the  position  of  the  tip  of  the  cone  actually  corresponded 
to  that  of  an  end  point.  If  the  end  point  had  not  been  reached, 
the  plaque  was  not  reinserted  into  the  furnace,  and  the  test 
was  repeated  with  a  new  set  of  cones. 

(2)  Rhodium  Resistance  Furnace 

This  furnace  was  used  to  calibrate  cones  23  through  37. 
Because  an  oxidizing  atmosphere  had  to  be  maintained  around 
the  cones  at  temperatures  as  high  as  1800°C.,  a  furnace  was 
built  in  which  the  heating  element  was  62  feet  of  rhodium 
wire  0.030  in.  in  diameter  wound  on  a  helically  grooved  99% 
A1203  tube,  3  in.  in  diameter  (Figs.  6  and  7).  The  melting 


Fig.  6.  Photograph  of  rhodium  resistance  furnace  and  control  equipment. 


point  of  rhodium,  1960°C.  in  the  pure  state,6  and  the  ability 
of  alumina  to  withstand  temperatures  of  1900°C.  and  above, 
provided  assurance  that  the  desired  temperature  could  be 
achieved.  The  metal  furnace  shell 
was  water-cooled  and  two  insulat- 


Fig.  7. 


Rhodium  resistance  furnace  used  for  calibration  of  cones  23  through  37. 
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ing  materials  were  used.  The  inner 
layer  of  the  insulation  was,  as  shown 
in  Fig.  7,  bubble  alumina,  and  the 
outer  layer  was  diatomaceous  earth. 

This  furnace  was  controlled  auto¬ 
matically  only  to  about  1475°C. 
(the  insulating  tube  that  held  the 
controlling  thermocouple  in  a  hori¬ 
zontal  position  in  the  furnace  started 
to  bend  at  that  temperature)  and 
manually  above  that  temperature. 
Readings  were  taken  continuously 
with  an  optical  pyrometer,  calibrated 
at  the  National  Bureau  of  Standards, 
to  maintain  the  proper  heating  rate 
in  the  higher  range. 


5  Converted  to  the  1948  temperature 
scale;  W.  F.  Roeser  and  H.  T.  Wensel 
“Freezing  Point  of  Rhodium,”  Bur. 
Standards  J.  Research,  12  [5]  519-26 
(1934);  RP  676. 
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The  rhodium  resistance  furnace  was  operated  success¬ 
fully  to  1830°C.  at  a  rate  of  150°C.  per  hour  and  possibly 
could  have  been  heated  slightly  higher.  Some  of  the  rho¬ 
dium  seems  to  have  volatilized.  It  was  noted  during  the 
last  tests  that  the  required  voltage  for  a  given  power  input 
had  increased  approximately  25%  over  that  of  the  initial 
test  to  1800°C. 

The  cone  plaques  used  in  the  rhodium  resistance  furnace 
were  in  the  shape  of  bars  l/%  in.  thick,  1  in.  wide,  and  either 
D/2  in.  or  3  in.  long  (Fig.  4)  and  were  adjusted  to  be  level  in¬ 
side  the  furnace  by  sighting  along  a  horizontal  wire  on  the 
outside  of  the  furnace. 

(3)  Cones 

For  every  cone  number  to  be  tested,  The  Edward  Orton,  Jr. , 
Ceramic  Foundation  selected  at  random  10  boxes  of  50  cones 
each  from  their  current  stock.  Five  cones  from  each  of  the 
10  boxes  of  like  cone  number  were  placed  together  in  one  box 
and  forwarded  to  the  National  Bureau  of  Standards  where 
cones  were  removed  at  random  for  testing.  Care  was  taken, 
through  the  use  of  gauges,  that  the  cones  made  the  prescribed 
angle  of  82°  with  the  cone  plaque  and  that  they  protruded  the 
correct  height  above  the  surface  of  the  plaque. 

The  small  uncalcined  cones  021  through  015  and  010 
through  12  were  inserted  into  plaques  y4  in.  thick  so  that  1  in. 
protruded  above  the  base  and  were  subsequently  heated  at  a 
rate  of  300°C.  per  hour.  The  large  cones  022  through  20, 
calibrated  at  a  heating  rate  of  150°C.  per  hour,  projected  2  in. 
above  a  plaque  1/2  in.  thick.  For  the  60°C.  per  hour  heating 
rate  on  large  cones  022  through  20,  the  cones  extended  2 1/4  in. 
above  a  plaque  y4  in.  thick  and  2  in.  above  a  Win.  plaque. 
As  no  significant  difference  was  observed  for  the  different 
lengths,  all  the  results  for  any  one  cone  number  were  averaged 
together  in  the  data  and,  in  tests  above  cone  20,  measure¬ 
ments  for  the  heating  rate  of  60°C.  per  hour  were  continued 
only  for  cones  protruding  2  in.  above  a  Win.  plaque.  In  the 
case  of  the  large  cones  heated  at  150°  and  60°C.  per  hour,  it 
was  found  that  these  rates  need  be  maintained  carefully  only 
during  the  last  3  or  4  hours  of  a  test.  The  testing  time  could 
be  shortened  without  influencing  the  end  point  by  using  a 
faster  rate  of  heating  at  the  beginning  so  long  as  the  organic 
binder  in  the  cone  was  not  driven  off  so  fast  that  bubbles  were 
formed. 


Table  I.  End-Point  Values  Reported  in  1926  Compared 
with  Values  Obtained  in  Present  Study  on  Cones  Left  Over 
from  1  926  Investigation* 


Cone 

No. 

1926 

calibration  (°C.)t 

1952-1953 
recalibration  (°C.)t 

022 

603-608 

602 

021 

615-620 

622 

018 

718-719 

715 

017 

770-775 

771 

(772  774) 

07 

987-989 

(988  990) 

04 

1062-1063 

(1064  1066) 

01 

1144-1147 

1144§ 

2 

1165 

(1163  1165) 

5 

1205 

1202§ 

8 

1260 

(1265  1266) 

11 

1325 

(1319  1320) 

12 

1335 

1331§ 

13 

1350 

(1346  1347) 

17 

1475 

(1484  1485) 

(1483  1485) 

*  Heating  rate  in  both  calibrations  was  150°C.  per  hour. 

f  See  footnote  2.  The  spread  of  end-point  values  obtained  in 
1926  is  given  for  cones  022  through  01.  Only  the  average  values 
obtained  in  1926,  rounded  off  to  the  nearest  5°C.,  are  given  for 
cones  2  through  17. 

J  Each  value  for  a  given  cone  number  in  this  column  represents 
one  determination,  except  as  noted.  Values  in  parentheses  for 
any  one  cone  number  are  from  one  test. 

§  Obtained  for  two  cones  in  one  test. 


The  small  (P.C.E.)  cones  had  been  calcined  by  the  Orton 
Foundation  as  follows: 

Cone  12  through  cone  15:  Calcined  to  the  end  point  of  large 
cone  4  by  heating  at  a  rate  of  60°C.  per  hour. 

Cone  16  through  cone  19:  Calcined  to  the  end  point  of  large 
cone  8  by  heating  at  a  rate  of  60°C.  per  hour. 

Cone  20  through  cone  37 :  Calcined  to  the  end  point  of  large 
cone  12  by  heating  at  a  rate  of  60°C.  per  hour. 

The  P.C.E.  cones  were  mounted  in  the  plaque  to  protrude 
ls/i6  in.  above  the  base.  Cones  12  through  20  were  heated  to 
1200°C.  at  the  rate  of  1200°C.  per  hour  by  manual  control, 
and  then  a  rate  of  150°C.  per  hour  was  maintained  by  auto¬ 
matic  control  to  the  end  point.  P.C.E.  cones  23  through  37 
were  heated  to  1400°C.  at  a  rate  of  1200°C.  per  hour,  and 
above  1400°  at  150°C.  per  hour.  Whereas  all  P.C.E.  cones 
through  cone  34  were  mounted  so  that  u/u  in.  protruded 
above  the  plaque  surface,  this  height  had  to  be  shortened  to 
7/s  in.  for  P.C.E.  cones  35,  36,  and  37  because  these  more 
refractory  cones  are  somewhat  shorter  due  to  having  been 
calcined  at  a  higher  temperature  by  the  manufacturer. 

Initially,  small  holes  were  drilled  near  the  base  of  the  cone  to 
assure  black-body  conditions  when  sighting  with  the  optical 
pyrometer.  Drilling  of  holes  in  cones  for  sighting  was  dis¬ 
continued  after  finding  that  measured  temperatures  of  the 
holes  and  surfaces  were  the  same  in  the  region  above  1500°C. 

(4)  Cone  Plaques 

The  compositions  of  the  plaques  were  as  follows: 


Cone 

Range 

size 

(cone) 

Small 

021-12 

Large 

022-01 

Large 

1-10 

Large 

11-13 

Large 

14-20 

P.C.E. 

12-20 

P.C.E.  and 
50%  AlsO, 

large  c( 

Composition 

75%  Kentucky  ball  clay,  25%  40-100 
mesh  grog 

80%  ball  clay,  20%  grog 
80%  ball  clay,  10%  40-mesh  grog,  10% 
90-mesh  A1203 

40%  ball  clay,  40%  Georgia  kaolin,  20% 
40-mesh  grog 

Vs  ball  clay,  l/j  kaolin,  1/i  90-mesh  A1203 
50%  kaolin,  50%  A1203 


III.  Results 


A  number  of  cones  remaining  from  the  1926  investigation 
were  tested  in  order  to  compare  the  over-all  effect  of  deter¬ 
mining  end  points  by  the  present  technique  with  the  procedure 
used  by  Fairchild  and  Peters.2  The  results  are  presented  in 
Table  I.  For  comparison  with  the  1926  values  it  is  necessary' 
to  consider  the  relation  of  the  temperatures  reported  for  the 
1926  determinations  to  the  1948  International  Temperature 
Scale  used  in  this  study.  From  an  examination  of  the  original 
data  of  Fairchild  and  Peters  it  is  evident  that  they  used  the 
same  temperature  scale  as  adopted  in  1927  for  the  Inter¬ 
national  standard.  Therefore,  the  corrections  to  the  1926 
end-point  values  are  less  than  1°C.  up  to  cone  5  and  2°C. 
or  less  to  cone  17  (Table  I).  The  amounts  to  be  subtracted  for 
the  entire  temperature  scale  involved  are  indicated  as  follows4 : 


International 
1948  Scale  (°C.) 

1200 

1300 

1400 

1500 

1600 

1700 

1800 

1900 


International 
1927  Scale  (°C.) 

1200 . 6 
1301.1 
1401.7 

1502.3 
1603.0 

1703.3 
1804.6 
1905.5 


In  considering  differences  between  the  present  values  and 
those  determined  originally,  one  must  take  into  account  not 
only  the  changes  introduced  in  the  temperature  scale  in  1948 
but  also  the  fact  that  in  1926  all  measurements  above  1100°C. 
were  made  with  the  optical  pyrometer.  In  the  present  in¬ 
vestigation,  noble-metal  thermocouples  were  used  to  deter- 
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mine  temperatures  up  to  1550°C. ;  an  optical  pyrometer  was 
used  only  for  higher  temperatures. 

The  accuracy  of  the  thermocouples  is  ±V2°  from  0°  to 
1100°C.,  decreasing  to  ±2°  at  1450 °C.  and  an  estimated 
±3°  at  1550°C.  The  optical  pyrometer  has  an  accuracy  of 
±3°  at  1063°C.,  decreasing  to  ±8°C.  at2800°C.,  or  approxi¬ 
mately  ±5°  at  1800°C.  The  precision  with  which  the  op¬ 
erator  of  the  optical  pyrometer  can  make  a  match  is  esti¬ 
mated  at  one-half  the  value  given  for  the  accuracy  of  the  in¬ 
strument.  It  is  believed  that  the  precision  with  which  the 
end  points  of  the  cones  were  determined  was  within  ±2°C. 
through  cone  20  and  ±3°C.  above  cone  20. 

Variations  of  —  7°  and  +8°  from  the  prescribed  angle  of 
82°  in  a  large  cone  10  sample  fired  at  a  rate  of  150°C.  per  hour 
made  a  significant  difference  in  the  end  point.  The  cone 
inserted  at  an  angle  of  75°  came  down  at  a  temperature  15°C. 
lower  than  that  for  one  set  at  the  proper  angle  of  82°,  whereas 
the  cone  inserted  at  an  angle  of  90°  had  not  given  any  indi¬ 
cation  of  bending  over  by  the  time  the  end  point  was  reached 
for  the  cone  that  had  been  set  at  82°. 

The  spread  in  end-point  values  for  any  one  cone  number 
rarely  exceeded  6°C.  and  averaged  about  3°C. 

The  temperature  gradients  from  cone  base  to  tip,  within  the 
furnace  with  platinum -rhodium  resistance  wire,  are  typified 
by  the  curves  in  Fig.  5.  Generally,  the  gradient  was  negligible 
along  the  upper  half  of  the  cone  (between  thermocouples  M 
and  T)  but  was  significant  along  the  lower  half  (between  ther¬ 
mocouples  M  and  B)  owing  to  the  mass  of  the  plaque.  How¬ 
ever,  with  increasing  temperature,  this  gradient  was  greatly 
reduced  because  radiation  played  a  greater,  and  conduction  a 
relatively  smaller,  role  in  heat  transfer. 

Results  of  tests  at  a  heating  rate  of  300°C.  per  hour  for  the 
small,  uncalcined  cones  made  especially  for  use  in  small 
kilns,  such  as  used  by  hobbyists,  are  given  in  Table  II. 
Comparison  with  the  values  in  Table  III  will  show  that  the 
end  points  as  determined  for  the  small  cones  range  from  16° 
to  41°  higher  than  for  the  comparable  large  cones  heated  at 


150°C.  per  hour.  A  further  comparison  may  be  made  of  the 
values  in  Table  III  with  the  values  in  Tables  IV  and  V. 
Here  the  only  variable  is  the  heating  rate.  The  end  points 
for  large  cones  heated  at  150°  per  hour  range  from  4°  to  28° 
higher  than  comparable  cones  heated  at  60°  per  hour,  with 
two  exceptions.  The  exceptions,  cones  013  and  14,  have  end 
points  17°  and  22°  lower,  respectively,  when  heated  at  150°C. 
per  hour. 

Certain  air-setting  mortars,  ladle  lining  brick,  and  chimney 
tile  are  appreciably  less  refractory  than  the  brick  and  shapes 
for  which  the  A.S.T.M.  pyrometric  cone  equivalent  test3  was 
originally  designed.  Their  increasing  use  made  it  desirable 
to  broaden  the  application  of  the  A.S.T.M.  test  to  cones  of 
lower  number.  For  this  purpose,  the  small  P.C.E.  cones  have 
been  produced  also  in  Nos.  12  through  20  and  their  calibration 
is  given  in  Table  VI  for  a  heating  rate  of  150°C.  per  hour. 
When  compared  with  the  large  cones  of  the  same  numbers 
heated  at  150°C.  per  hour  (Table  III)  it  is  seen  that  their 
end-point  differences  range  from  1°  lower  (cone  15)  to  32° 
higher  (cone  14). 

The  end  points  for  large  cones  23  through  36,  heated  at  150° 
per  hour  and  at  60°C.  per  hour,  are  given  in  Tables  VII  and 
VIII,  respectively.  For  the  cones  heated  at  150°C.  per  hour 
the  comparable  end  points  range  from  2°  lower  (cone  36) 
to  21°  higher  (cone  29)  than  the  end  points  of  cones  heated  at 
the  slower  rate. 

P.C.E.  cones  23  through  37  were  calibrated  for  a  heating 
rate  of  150°C.  per  hour  (Table  IX).  For  cones  23  through 
30  the  end  points  range  from  11°  to  16°  higher  than  the  end 
points  for  the  same  series  of  large  cones  heated  at  the  same 
rate  (Table  VII).  Comparable  differences  for  cones  31 
through  35  are  4°,  or  less,  except  cone  32V2,  for  which  the 
end  point  of  the  small  (P.C.E.)  cone  is  6°  lower  than  that  of 
large  cone  32V2. 

In  comparing  the  data  published  by  Fairchild  and  Peters2 
in  1926  on  large  cones  fired  at  the  150°C.  per  horn-  rate  with 
the  new  data,  it  is  observed  that  the  deviations  in  the  results 


Table  II.  End  Points  of  Small  Uncalcined  Cones  021  through  015,  and  010  Through  12,  Heated  at  300°C.  per  Hour 

in  Pt-Rh  Resistance  Furnace* 


End  points  (°C.) 


Cone  No. 

Average 

021 

(642  642) 

(642 

642) 

(643 

645 

645) 

643 

020 

(666  668  668) 

(666 

666  666) 

(665 

665 

665  665) 

666 

019 

(723  723) 

(722 

724) 

(723 

723 

723) 

723 

018 

(750  750) 

(753 

754) 

(754 

754 

752  752) 

752 

017 

(783  783) 

(784) 

(784 

784 

784  784) 

784 

016 

(822  822) 

(825 

826) 

(826 

826 

826  826) 

825 

015 

(841  841) 

(843 

843  845) 

(843 

843 

843) 

843 

010 

(918  918) 

(917 

922) 

(919 

921 

921  921) 

919 

09 

(952  952) 

(956 

958) 

(956 

956 

956) 

955 

08 

(982  982) 

(983 

983  983 

983) 

(983 

983 

984) 

983 

07 

(1005  1007) 

(1010 

1010) 

(1007 

1007 

1007 

1007) 

1008 

06 

(1022  1022  1023) 

(1021 

1021 

1022) 

(1023 

1025 

1025) 

1023 

05 

(1059  1059) 

(1063 

1064) 

(1063 

1063 

1063) 

1062 

04 

(1095  1095) 

(1099 

1100) 

(1100 

1100 

1100) 

1098 

03 

(1130  1130) 

(1130 

1130 

1131  1131) 

(1132 

1133 

1133) 

1131 

02 

(1147  1148) 

(1148 

1147) 

(1149 

1149 

1149 

1150) 

1148 

01 

(1181  1181) 

[-1175 

"1 

'1179' 

(1177 

1178 

1178) 

1178 

1 

(1179  1181) 

L1177 

J 

1179 

(1179 

1179 

1180 

1180) 

1179 

2 

(1180  1179) 

(1176 

1178) 

1179 

(1179 

1181 

1181 

1182) 

1179 

3 

(1192  1194) 

(1197 

1197 

1197  1197) 

(1196 

1196 

1196 

1196) 

1196 

4 

(1212  1210) 

(1209 

1207) 

(1209 

1209 

1209 

1209) 

1209 

5 

(1223  1221) 

(1221) 

(1221 

1221 

1221 

1221) 

1221 

6 

(1256  1254) 

(1256 

1257) 

(1255 

1255 

1255 

1255) 

1255 

7 

(1260  1263) 

(1266 

1266) 

(1263 

1263 

1264 

1264) 

1264 

8 

( 1302  1302) 

(1298 

1298 

1299) 

(1299 

1299 

1300 

1300) 

1300 

9 

(1318  1318) 

(1318 

1316) 

(1315 

1315 

1315 

1316) 

1317 

10 

(1330  1330) 

(1329 

1329) 

(1332 

1332 

1332 

1332) 

1330 

11 

(1336  1336) 

(1336) 

(1335 

1335  1335) 

(1338 

1338) 

1336 

12 

(1353  1353) 

(1356) 

(1356 

1356) 

(1354 

1354 

1354) 

(1356  1356) 

1355 

*  Values  in  parentheses,  or  in  brackets,  are  for  individual  cones  on  a  plaque  from  one  test. 


135/51 


Journal  of  The  American  Ceramic  Society — Beerman  Vol.  39,  No.  2 


Table  III.  End  Points  of  Large  Cones  022  Through  20  Heated  at  150°C.  per  Hour  in  Pt-Rh  Resistance  Furnace* 


End  points  (°C.) 

C  k 

End  points  (°C.) 

No. 

Average 

No 

Average 

022 

(600 

600) 

(600 

600) 

600 

01 

(1137 

1137) 

(1137 

1137) 

1137 

021 

(613 

613) 

(615 

615) 

614 

1 

(1155 

1155) 

(1153 

1153) 

1154 

020 

(635) 

(635 

635) 

635 

2 

(1162 

1162) 

(1162 

1162) 

1162 

019 

(683 

683) 

(683 

683) 

683 

3 

(1169 

1169) 

(1168 

1168) 

1168 

018 

(715 

715) 

(719 

719) 

717 

4 

(1186 

1186) 

(1186 

1186) 

1186 

017 

(747 

747) 

(748 

746) 

747 

5 

(1195 

1195) 

(1197 

1197) 

1196 

016 

(792 

792) 

(792 

792) 

792 

6 

(1221 

1221) 

(1222 

1225) 

1222 

015 

(804 

804) 

(804 

804) 

804 

7 

(1239 

1239) 

(1239 

1242) 

1240 

014 

(836 

836) 

(841 

838) 

838 

8 

(1263 

1264) 

(1263 

1264) 

1263 

013 

(851 

851) 

(852 

853) 

852 

9 

(1281 

1281) 

(1279 

1279) 

1280 

012 

(884 

884) 

(884 

884) 

884 

10 

( 1305 

1305) 

(1305 

1305) 

1305 

011 

(893 

893) 

(894 

895) 

894 

11 

(1315 

1315) 

(1315 

1315) 

1315 

010' 

(894 

894) 

(896 

894) 

894 

12 

(1327 

1327) 

(1325 

1326) 

1326 

09 

(924 

924) 

(923 

923) 

923 

13 

(1347 

1347) 

(1346 

1346) 

(1346 

1346) 

1346 

08 

(955 

955) 

(955 

955) 

955 

14 

(1368 

1368) 

(1366 

1366) 

(1365 

1365) 

1366 

07 

(983 

983) 

(985 

985) 

984 

15 

(1430 

1430) 

(1433 

1433) 

1431 

06 

(999 

999) 

(999 

999) 

999 

16 

(1473 

1473) 

(1473 

1473) 

1473 

05 

(1046 

1046) 

(1047  1045) 

1046 

17 

(1485 

1485) 

(1485 

1485) 

1485 

04 

(1061 

1061) 

(1059  1060)  (1061) 

1060 

18 

( 1507 

1507) 

(1505 

1507) 

1506 

03 

(1100 

1100) 

( 1 102  1 102) 

1101 

19 

(1529 

1529) 

(1528 

1528) 

( 1528)  t 

1528 

02 

(1120 

1120) 

(1121  1121) 

1120 

20 

(1548) 

(1551 

1551) 

(1548 

1548) 

(1549)f 

1549 

*  Values  in  parentheses  are  for  individual  cones  on  a  plaque  from  one  test, 
t  Obtained  in  Rh  resistance  furnace. 


Table  IV.  End  Points  of  Large  Cones  022  Through  01  Heated  at  60°C.  per 
Hour  in  Pt-Rh  Resistance  Furnace* 


End  points  (°C.) 


No. 

Group  At 

Group  B£ 

Average 

022 

(586 

587) 

(585 

586) 

(585 

585) 

(584 

584) 

585 

021 

(602 

602) 

(601 

601) 

(602 

602) 

(602 

602) 

602 

020 

(624 

624) 

(624 

624) 

(624 

624) 

(628 

628) 

625 

019 

(668 

668) 

(667 

667) 

(668 

668) 

(667 

669) 

668 

018 

(699 

699) 

(693 

694) 

(697 

697) 

(695 

695) 

696 

017 

(725 

725) 

(731 

731) 

(728 

728) 

(725 

725) 

727 

016 

(767 

767) 

(763 

763) 

(761 

762) 

(764 

764) 

764 

015 

(789 

789) 

(791 

791) 

(790 

790) 

(789 

789) 

790 

014 

(838 

838) 

(833 

833) 

(833 

833) 

(831 

831) 

834 

013 

(869 

869)  (869) 

(872 

873) 

(868 

868) 

(867 

867)  (871) 

869 

012 

(869 

869) 

(866 

866) 

(864 

866) 

(866) 

866 

011 

(886 

886) 

(886 

886) 

(884 

884) 

(885 

885) 

886 

010 

(888 

888) 

(887 

887) 

(887 

887) 

887 

09 

(915 

916) 

(914 

914) 

(915 

916) 

915 

08 

(944 

946) 

(946 

946) 

(945 

945) 

945 

07 

(973 

973) 

(972 

973) 

(973 

973) 

973 

06 

(993 

995) 

(987 

988) 

(990 

990) 

991 

05 

(1034 

1034) 

(1029 

1030)  (1030  1030) 

1031 

04 

(1053 

1053)  (1053) 

(1047 

1048)  (1047  1047) 

1050 

03 

(1087 

1087) 

(1084 

1084)  (1086  1087) 

1086 

02 

(1102 

1102) 

(1099 

1101 

(1100  1100) 

1101 

01 

(1118 

1119) 

(1117 

1117)  (1116  1116) 

1117 

*  Values  in  parentheses  are  for  individual  cones  on  a  plaque  from  one  test, 
t  Group  A:  Cones  protruded  2  in.  above  a  V2-in. -thick  plaque, 
t  Group  B:  Cones  protruded  21/*  in.  above  a  V4-in. -thick  plaque. 


for. cones  022  through  Oil  are  not  in  any  direction.  From 
cone  010  through  cone  15  the  general  trend  has  been  toward 
lower  end  points  for  the  new  cones,  whereas  the  reverse  holds 
true  for  cone  16  through  cone  20.  Comparing  the  data  on 
P .C.E.  cones  with  the  1926  results  (Table  X)  it  is  seen  that  the 
end  points  for  cones  23  through  30,  and  for  cone  32,  are  ap¬ 
preciably  higher  than  the  formerly  given  values.  The  agree¬ 
ment  of  the  old  and  new  data  for  P.C.E.  cone  31,  and  cones 
33  through  37,  is  7°  or  less. 

IV.  Summary  and  Conclusions 

The  end  points  of  three  series  of  pyrometric  cones  have  been 
determined  under  reproducible  conditions.  A  series  of  large 
cones  was  calibrated  at  heating  rates  of  150°  and  60°C.  per 


hour;  small  uncalcined  cones  021  through  015,  and  010 
through  12,  were  calibrated  at  a  heating  rate  of  300°C.  per 
hour  for  the  benefit  of  the  hobbyist;  the  range  of  P.C.E. 
cones  was  extended  downward  to  cone  12;  and  a  new  cone 
(31V2)  was  produced  to  fill  an  important  gap. 

Certain  observations  can  be  made  from  the  data.  The 
small  uncalcined  cones  01,  1,  and  2  heated  at  300°C.  per  hour 
have  practically  the  same  end  point.  The  end  points  of  the 
large  cones  01,  1,  and  2,  however,  are  in  proper  sequence  when 
used  at  heating  rates  of  both  150°  and  60°C.  per  hour  and, 
because  all  cones  of  the  same  cone  number  have  the  same  com¬ 
position  regardless  of  size,  it  is  believed  inadvisable  to  change 
the  composition  of  the  small  uncalcined  cones  01,  1,  and  2. 
Large  cones  fired  at  a  rate  of  150°C.  per  hour  generally  have  a 
higher  end  point  than  those  fired  at  60°C.  per  hour,  the  ex- 
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Table  V.  End  Points  of  Large  Cones  1  Through  20  Heated  at  60°C.  per  Hour  in  Pt-Rh  Resistance  Furnace 


Cone 


End  points  (°C.) 


No. 

Group  Af 

Group  BJ 

Average 

1 

(1134 

1134) 

(1136 

1136) 

(1136 

1137) 

1136 

2 

(1144 

1144) 

(1141 

1141) 

(1141 

1141) 

1142 

3 

(1150 

1152) 

(1153 

1153) 

(1152 

1152) 

1152 

4 

(1170 

1170) 

(1167 

1167) 

(1167 

1168) 

1168 

5 

(1175 

1176) 

(1177 

1177) 

(1177 

1177) 

1177 

6 

(1199 

1199) 

(1202 

1202) 

(1201 

1201) 

1201 

7 

(1214 

1214) 

(1215 

1215) 

(1215 

1216) 

1215 

8 

(1235 

1236) 

(1235 

1236) 

(1235 

1237) 

1236 

9 

(1261 

1262) 

(1260 

1259) 

(1258 

1258) 

1260 

10 

(1286 

1288) 

(1286 

1286) 

(1284 

1285) 

(1285 

1285) 

1285 

11 

(1295 

1295) 

(1294 

1294) 

(1293 

1293) 

1294 

12 

(1308 

1308) 

(1306 

1305) 

(1306 

1306) 

1306 

13 

(1324 

1326) 

(1324 

1324) 

(1319 

1319) 

(1318 

1318) 

1321 

14 

(1390 

1391) 

(1389 

1389) 

(1385 

1386) 

(1385 

1385)  (1386  1386) 

1388 

15 

(1425 

1425) 

(1424 

1424) 

(1422 

1422) 

1424 

16 

(1456 

1456) 

(1456 

1456) 

(1455 

1455) 

1455 

17 

(1478 

1478) 

(1479 

1479) 

(1477 

1477) 

(1476 

1476) 

1477 

18 

(1500 

1500) 

(1500 

1500) 

(1499 

1501) 

1500 

19 

(1521 

1521) 

(1520 

1520) 

(1520 

1520) 

1520 

20 

( 1544)§  (1543 

1543) 

(1542  1542) 

(1540 

1540) 

(1540 

1540) 

1542 

*  Values  in  parentheses  are  for  individual  cones  on  a  plaque  from  one  test, 
f  Group  A:  Cones  protruded  2  in.  above  a  V2-ui. -thick  plaque, 
j  Group  B:  Cones  protruded  2l/t  in.  above  a  V^in. -thick  plaque. 

§  Obtained  in  Rh  resistance  furnace. 


Table  VI.  End  Points  of  P.C.E.  Cones  12  Through  20  Heated  in  Pt-Rh  Resistance  Furnace  to  1200°C.  at  1200°C.  per  Hour 

and  Above  1200°C.  at  150°C.  per  Hour* 


a. 

End  points  (°C.) 

No. 

Average 

12 

(1336) 

(1338 

1338, 

(1337  1337 

1339) 

1337 

13 

(1346 

1346) 

(1350 

1350 

1351 

1351) 

(1348 

1348 

1348) 

1349 

14 

(1397 

1398 

1398 

1399) 

(1397 

1397 

1397 

1397) 

(1397 

1399 

1399) 

1398 

15 

(1429 

1429 

1431) 

(1430 

1430) 

( 1430 

1430 

1430 

1430) 

1430 

16 

(1490 

1490 

1493) 

(1491 

1491 

1491 

1491) 

(1490 

1490 

1490 

1490) 

1491 

17 

(1510 

1510 

1513) 

(1511 

1511 

1514 

1514) 

(1514 

1512 

1512 

1513) 

(1510)  t 

1512 

18 

(1524 

1524) 

(1520 

1520 

1522 

1522) 

(1522 

1522 

1522 

1522) 

( 1521)  f 

1522 

19 

(1538 

1541 

1540 

1543) 

(1541 

1541 

1541 

1544) 

(1541 

1541 

1541 

1544)  ( 1541)  f 

1541 

20 

(1562 

1562 

1563 

1564) 

(1563 

1565 

1566) 

(1564 

1565 

1565 

1565) 

( 1565)  f 

1564 

*  Values  in  parentheses  are  for  individual  cones  on  a  plaque  from  one  test, 
t  Obtained  in  Rh  resistance  furnace. 


Table  VII.  End  Points  of  Large  Cones  23  Through  36 
Heated  at  150°C.  per  Hour  in  Rh  Resistance  Furnace* 


Cone 

No. 

End  points  (°C.) 

Average 

23 

1589 

1590 

1590 

1590 

26 

1605 

1605 

1605 

1605 

27 

1630 

1625 

1625 

1627 

28 

1634 

1635 

1630 

1633 

29 

1647 

1643 

1646 

1645 

30 

1658 

1652 

1653 

1654 

31 

1681 

1678 

1678 

1679 

32 

1719 

1714 

1719 

1717 

32 ‘A 

1730 

1727 

1731  1731 

1730 

33 

1742 

1742 

1738 

1741 

34 

1759 

1758 

1761 

1759 

35 

1785 

1785 

1782 

1784 

36 

1798 

1795 

1796 

*  Each  value  represents  an  end  point  of  an  individual  cone  that 
was  one  of  several  consecutively  numbered  cones  in  a  plaque. 


Table  VIII.  End  Points  of  Large  Cones  23  Through  36 
Heated  at  60°C.  per  Hour  in  Rh  Resistance  Furnace* 

End  points  (°C.) 

Cone  - 


No. 

Average 

23 

1588 

1587 

1584 

1586 

26 

1590 

1590 

1586 

1589 

27 

1617 

1615 

1610 

1614 

28 

1616 

1612 

1613 

1614 

29 

1626 

1623 

1622 

1624 

30 

1636 

1635 

1636 

1636 

31 

1663 

1660 

1660 

1661 

32 

1707 

1705 

1706 

1706 

32lA 

1715 

1720 

1720 

1718 

33 

1734 

1731 

1732 

1732 

34 

1758 

1758 

1754 

1757 

35 

1787 

1783 

1784 

1784 

36 

1800 

1796 

1798 

*  Each  value  represents  an  end  point  of  an  individual  cone  that 
was  one  of  several  consecutively  numbered  cones  in  a  plaque. 


ceptions  being  cone  013  and  cone  14.  The  end  points  of  cones 
Oil  and  010  in  the  large  series,  and  for  the  same  heating  rate, 
are  identical  and  therefore  one  of  the  cone  numbers  appears 
to  be  superfluous.  Large  cones  27  and  28  give  the  same  end 
point  for  the  60°C.  per  hour  heating  rate  but  appear  in  proper 


sequence  at  the  150°C.  per  hour  rate.  For  the  large  cones  34, 
35,  and  36,  any  difference  due  to  different  heating  rates  is  in¬ 
significant. 

The  end-point  values  for  cones  23  through  32  tested  in  this 
study  are  appreciably  higher  than  the  values  published  in 
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Table  IX.  End  Points  of  P.C.E.  Cones  23  Through  37 
Heated  to  1400°C.  at  1200°C.  per  Hour  and  Above 
1400°C.  at  150°C.  per  Hour  in  Rh  Resistance  Furnace* 


Cone 

End  points  (° 

C.) 

No. 

Average 

23 

1605 

1604 

1602 

1605 

1608 

1604 

1608 

1605 

26 

1618 

1623 

1620 

1620 

1617 

1625 

1621 

1621 

27 

1639 

1641 

1640 

1639 

1642 

1640 

28 

1645 

1647 

1647 

1644 

1648 

1646 

1646 

29 

1660 

1658 

1658 

1656 

1661 

1660 

1659 

30 

1665 

1666 

1664 

1663 

1662 

1665 

1667 

1665 

31 

1682 

1683 

1683 

1684 

1681 

1683 

1682  1683 

1683 

31  >A 

1700 

1698 

1702 

1700 

1697 

1699 

32 

1717 

1717 

1717 

1716 

1718 

1716 

1717 

1717 

32 1 A 

1724 

1722 

1726 

1722 

1724 

1725 

1724 

33 

1743 

1741 

1742 

1746 

1743 

1743 

34 

1765 

1760 

1760 

1764 

1766 

1763 

35 

1786 

1782 

1785 

1785 

1785 

1785 

36 

1805 

1803 

1804 

1803 

1806 

1804 

37 

1819 

1820 

1820 

1820 

1820 

*  Each  value  represents  an  end  point  of  an  individual  cone  that 
was  one  of  several  consecutively  numbered  cones  in  a  plaque. 


Table  X.  Comparison  of  End-Point  Values  for  P.C.E. 
Cones  Reported  in  1926  with  1952-1953  Calibration* 


Cone 

No. 

1926  values  (°C.) 

1952-1953 
values  (°C.) 

As  reportedf 

Corrected  to 

1948  scalej 

23 

1580 

1577 

1605 

26 

1595 

1592 

1621 

27 

1605 

1602 

1640 

28 

1615 

1612 

1646 

29 

1640 

1637 

1659 

30 

1650 

1647 

1665 

31 

1680 

1676 

1683 

32 

1700 

1696 

1717 

33 

1745 

1741 

1743 

34 

1760 

1756 

1763 

35 

1785 

1781 

1785 

36 

1810 

1805 

1804 

37 

1820 

1815 

1820 

*  Heating  rate,  150°C.  per  hour, 
f  See  footnote  2. 

{  Correction  to  nearest  1°. 


1926.  This  would  cause  rejections  in  acceptance  tests  on 
refractory  materials  when  following  specifications  for  P.C.E. 
based  on  the  1926  values. 
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A  spectroscopic  method,  useful  for  strongly  absorbed  lines,  has  been  investigated  for  measuring  tempera¬ 
tures  of  hot  gases.  The  minimum  transmission  of  discrete  spectral  lines  in  gases  at  equilibrium  has  a  simple 
dependence  upon  the  absolute  temperature  and  this  relation  is  used  to  measure  temperature  from  a  straight 
line  plot.  An  experimental  study  has  been  made  of  the  absorption  due  to  the  rotational  lines  of 
OH  (*2* — 2n)  between  3067  and  3090  A  in  an  oxygen-acetylene  flame.  It  is  shown  that  temperatures  meas¬ 
ured  by  this  method  are  less  affected  than  the  conventional  one  by  lack  of  sufficient  resolving  power,  flame 
thickness,  and  various  light  sources  (either  continuous  or  line). 


I.  INTRODUCTION 

INTEREST  in  nonequilibrium  phenomena,  combus¬ 
tion  kinetics  and  control  in  the  development  of  jet 
engines  has  provided  a  stimulus  for  investigating  new 
methods  of  measuring  high  gas  temperatures.  Tempera¬ 
tures  in  flames  and  hot  gases  often  are  determined  from 
spectra  by  measuring  the  distribution  of  intensities 
among  the  lines  or  bands. J  These  spectral  measure¬ 
ments  usually  have  been  made  in  emission.  However, 
if  the  self-absorption  is  great,  the  measured  “tempera¬ 
ture”  may  be  considerably  larger  than  the  actual 
temperature.  Furthermore,  if  the  temperature  of  the 
system  is  low,  the  radiation  emitted  generally  is  small, 
making  measurements  very  difficult.  In  such  cases  it 
would  be  desirable  to  make  the  measurements  in  ab¬ 
sorption.  Unfortunately,  the  conventional  method  for 
determining  population  “temperatures”  in  absorption 
requires  that  the  peak  absorption  of  the  lines  be  small, 
thus  limiting  the  applicability  and  accuracy  of  such 
measurements.  In  addition  very  high  resolving  power 
is  needed  to  measure  a  weak  absorption  line.  Because 
of  these  experimental  difficulties,  little  use  has  been 
made  of  line  absorption  for  “temperature”  determina¬ 
tions.  We  have  investigated  a  method  by  which 
“temperatures”  may  be  determined  in  absorption 
when  the  peak  absorption  is  as  great  as  98%.  This 
paper  reports  on  the  method  and  compares  it  with  the 
conventional  one  under  a  variety  of  conditions.  Re¬ 
cently  Huldt  and  Knallla  reported  one  such  comparison. 

II.  THEORY 

A.  Conventional  Method 

The  integrated  absorption,  Ct,  of  a  spectral  line  as 
measured  by  a  spectrometer  is  given  by  the  expression 

*  This  research  was  supported  by  the  United  States  Air  Force 
through  the  Office  of  Scientific  Research  of  the  Air  Research  and 
Development  Command. 

f  This  paper  was  presented  in  part  at  the  April,  1955  meeting 
of  the  Optical  Society  of  America. 

X  Since  such  temperatures  are  determined  from  the  relative 
populations  of  energy  levels,  they  are  called  population  “tem¬ 
peratures.”  Quotation  marks  are  used  unless  thermal  equilibrium 
ic  riparlv  lnnirfltpfi 

»(a)  L.  Huldt  and  E.  Knall,  Naturwiss.  41,  421  (1954);  (b)  E. 
Bright  Wilson,  Jr.,  and  A.  J.  Wells,  J.  Chem.  Phys.  14,  578  (1946). 


a= 


f  A(v)dv  =  f 

•Mine  ‘'line 


X 


/»"+  Ax 

I  Iq{x)(j{v,x){\  — e~KMu)dx 

•'p-iz 


/H-Ax 

Io(x)a(v,x)dx 

.-Clx 


dv  (1) 


where  A  ( v )  is  the  fractional  absorption  measured  with 
the  spectrometer  when  it  is  set  on  frequency  v  and  Ax 
is  the  spectral  slit  width  of  the  spectrometer  whose  slit 
function  is  a(v,x).  1 0(x)  is  the  intensity  of  radiation  at 
the  frequency  x  incident  on  the  absorber,  K(x)  the 
absorption  coefficient  and  u  the  optical  path  length  of 
the  absorber.  §  Equation  (1)  usually115  can  be  reduced  to 


(2) 


If  the  maximum  value  of  K(v )  is  sufficiently  small 


(J 


u 


(3) 


Equation  (3)  is  correct  to  within  two  percent  if  the  peak 
absorption  is  5%  or  less. 

Quantum  electrodynamics2  shows  that  for  gases  in 
thermal  equilibrium 

r  8tT3  (l-g-W^)!  R\2e-E"lkT 

I  K(v)dv  = - vo - =S  (4) 

15  line  3 he  Q 

where  S  is  the  intensity  per  molecule  per  unit  volume 
of  the  absorption  line,  vo  is  the  frequency  of  the  line,  k 
is  the  Boltzmann  constant,  T  is  the  absolute  tempera¬ 
ture  of  the  absorber,  |R|2  is  the  sum  of  the  squares  of 

§  The  optical  path  length  is  defined  here  as  the  product  of  the 
geometrical  path  length  and  the  number  of  molecules  per  unit 

volume  of  the  gas.  Frequently,  other  quantities  are  used,  e.g.,  the 
product  of  the  geometrical  path  length  and  pressure  of  the  gas 
in  atmospheres  at  0°C. 

3  B.  L.  Crawford,  Jr.,  and  H.  L.  Dinsmore,  J.  Chem.  Phys.  18, 
983  (1950);  18,  1682  (1950). 
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the  matrix  elements  of  all  the  transitions  producing 
the  line,  E"  is  the  energy  of  the  lower  level  of  the 
transition,  Q  is  the  state  sum  or  partition  function,  h  is 
Planck’s  constant,  and  c  the  velocity  of  light.  In  many 
circumstances,  hv§  is  very  large  compared  to  kT  and 
1  —  e—hvoikT  may  be  set  equal  to  one.  For  example,  if 
7^3000°K  and  ^9700  cm'1  (A^  10309  A),  e~h^kT 
is  less  than  0.01.  Thus  from  Eqs.  (3)  and  (4)  and  for 
hvo2>kT 


&  =  ClV0\R\  2e-E",kT  (5) 

where  the  quantity  Ci  =  ^u/2>Qhc  is  constant  for  our 
purposes.  The  conventional  equation  with  which 
population  “temperatures”  in  absorption  have  been 
determined  is  obtained  directly  from  Eq.  (5).  It  is 

Ct  loge 

log - =logCi - E" .  (6) 

|  R  | 2  kT 

The  significant  assumption  used  in  deriving  Eq.  (6) 
is  that  the  maximum  value  of  Ku  (or  if  one  prefers, 
the  peak  absorption  of  the  line)  is  sufficiently  small  so 
that  in  the  expansion  of  the  exponential  in  Eq.  (2),  no 
terms  beyond  the  linear  one  need  be  retained.  An 
equation  similar  to  Eq.  (6)  can  be  obtained  using  the 
peak  rather  than  the  integrated  absorption.3  Though 
such  a  relation  depends  On  the  functional  form  of  the 
absorption  coefficient,!]  differences  obtained  using  a 
Doppler  and  a  Lorentz  shaped  line  usually  are  neg¬ 
ligible  for  “temperature”  determinations. 


B.  Method  Using  Minimum  Transmission 

From  the  defining  equation  for  the  absorption 
coefficient,  the  minimum  transmission  of  a  spectral 
line,  rmin,  in  terms  of  the  maximum  value  of  the  absorp¬ 
tion  coefficient,  Kmax,  is  given  by 

rmi  n=e~Km**u.  (7) 


If  the  line  has  a  Doppler  shape 


K 


max 


Sc  /  m  \  * 
po  '  2irkT 


) 


(8) 


and  if  the  line  has  a  Lorentz  (pressure-broadened)  shape 


5 

Km  ax  =  -  (9) 

7ra 


where  m  is  the  mass  of  the  absorbing  molecule  and  a  is 
the  half-width  of  the  absorption  coefficient  at  half  its 
maximum  value,  a  is  usually  called  the  line  half-width. 
Using  Eqs.  (4)  and  (7)  in  conjunction  with  (8)  and  (9) 
one  may  obtain,  again  assuming  that  fiPo2>kT,  for  a 

3  S.  S.  Penner,  J.  Chem.  Phys.  20,  507  (1952). 

||  This  is  usually  called  the  line  shape. 


line  with  a  Doppler  shape 
dn  1/ 


log 


(In  1/ T  min\  loge 

- )=C2 - E 

Itfl2  /  kT 


and  for  a  Lorentz  shape 
In  1/ 

To 


log 


/  In  1/ Train  \  loge 

( -  )=C3-loga - E 

\  |  R 1 2r0  /  kT 


(10) 


(11) 


where  all  the  constants  have  been  incorporated  into 
C2  =  log[ 

and 


r  “  / 

<32irbm\  h 

O' 

-se 

1  ro 

<  kT  )  J 

C  3 = log- 


87 t2u 

r - # 

3hcQ 


Equations  (10)  and  (11)  represent  the  extended  method 
by  which  population  “temperatures”  in  absorption 
may  be  obtained.  Usually  1%  the  frequency  of  each  line 
in  Eq.  (11),  varies  only  slightly  over  the  band  and  can 
be  considered  as  constant.  Thus  if,  in  addition,  a,  the 
line  half-width  does  not  vary  from  line  to  line,  Eqs.  (10) 
and  (11)  become  identical  for  temperature  measure¬ 
ments.  For  the  present  paper  this  will  be  assumed  and 
Eq.  (10)  used  even  though  the  spectral  lines  have  a 
combination  of  Doppler  and  pressure-broadened  shape. 

The  method  of  Eq.  (10)  is  not  restricted  to  the  case 
of  only  small  absorption  and,  therefore,  can  be  used  in 
many  more  situations.  However,  it  does  require  meas¬ 
uring  the  minimum  transmission  of  the  absorption 
lines  which  usually  requires  far  better  resolution  than  is 
available.  This  is  probably  the  reason  why  the  method 
has  not  been  applied  extensively.  If  a  suitable  discrete 
line  source  rather  than  a  continuous  source  is  used, 
however,  the  minimum  transmission  of  an  absorption 
line  may  be  determined  even  with  poor  resolution. 

Such  a  discrete  line  source  exists  for  measuring  OH 
lines  in  a  flame  at  atmospheric  pressure.  Therefore  the 
method  was  tried  by  measuring  the  minimum  trans¬ 
mission  of  the  rotational  lines  of  the  0,0  band  in  the 
22<— 2II  electronic  transition  of  OH  in  an  oxygen- 
acetylene  flame.  The  results  were  so  encouraging  that 
a  detailed  study  of  the  method  under  a  variety  of 
experimental  conditions  was  made.  Effects  of  resolution, 
amount  of  absorption  and  types  of  sources  were  com¬ 
pared  with  the  results  obtained  from  the  conventional 
method  [Eq.  (6)]. 


III.  EXPERIMENTAL 
A.  Instrumentation 

Figure  1  is  a  schematic  diagram  of  the  experimental 
setup.  “Temperature”  measurements  were  made  of  a 
premixed  oxygen-acetylene  flame  burning  in  air  on  a 
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Fig.  1.  Schematic  diagram  of  arrangement  of  apparatus. 

0.075  mmX50  mm  water-cooled  slot  burner  (Fig.  2). 
The  flow  rates,  determined  to  within  5%  by  float  type 
flowmeters,  were  49  cc/sec  for  acetylene  and  122.5  cc/ 
sec  for  oxygen.  Observations  were  made  well  into  the 
hot  gases  above  the  reaction  zone  about  25  mm  above 
the  top  of  the  burner. 

Two  discrete  line  sources  and  one  continuum  source 
were  used  in  the  experiments.  One  of  the  discrete  line 
sources  was  an  electrodeless  discharge  through  water 
vapor.  Figure  3  is  a  sketch  of  this  apparatus,  which  is  a 
simplification  of  a  discharge  system  used  previously.4 
It  consists  of  a  section  of  quartz  tubing  connected 
through  ball  and  sphere  joints  to  a  glass  system  con¬ 
taining  a  supply  6f  distilled  water,  a  pressure  gauge  and 
a  mechanical  pump  and  trap.  The  discharge  is  excited 
by  a  2450  megacycle  signal  from  a  continuous  wave 
125  watt  magnetron  source  which  is  coupled  to  the 
quartz  tubing  through  the  modified  wave-guide  reson¬ 
ator  shown  in  Fig.  3.  This  method  of  coupling  produces 
an  intense  and  stable  discharge.  The  OH  emission  from 
this  discharge  is  greater  than  that  from  the  usual 
oxygen-acetylene  welding  torch.  A  stability  of  the  order 
of  1%  was  possible  for  several  hours.  The  water  flow 


Fig.  2.  Photograph  of  flame  on  slot  burner.  The  reaction  zone  is 
the  small  bright  line  just  above  the  burner.  The  remainder  of  the 
luminous  zone  is  due  to  the  hot  gases  in  which  there  is  little 
chemical  reaction. 


4  Broida,  Morowitz,  and  Selgin,  J.  Research  Natl.  Bur. 
Standard  52,  293  (1954). 


rate  was  adjusted  to  give  maximum  brightness  of  the 
OH  emission  by  regulating  the  stopcock  above  the 
water  supply.  The  pressure  in  the  discharge  was  about 
0.6  mm  Hg.  The  “temperature”  of  the  discharge  was 
approximately  650°K6  or,  as  will  be  seen,  about  \  that 
observed  for  the  oxygen-acetylene  flame. 

Oldenberg  and  Rieke6  have  observed  that  the  half¬ 
widths  of  OH  lines  are  about  0.29  cm-1  at  atmospheric 
pressure  and  1473°K;  pressure  broadening  contributes 
0.19  cm-1  to  this  width.  From  this  information,  in  a 
flame  at  one  atmosphere  and  2550°K,  the  half-width 
is  computed  to  be  0.28  cm-1.  In  a  low-pressure  discharge 
at  650°K,  the  half-width  is  computed  to  be  0.07  cm-1. 
Therefore  the  half-widths  of  OH  lines  in  the  flame  are 
four  times  those  in  the  discharge.  Thus  the  electrodeless 
discharge  through  water  vapor  is  a  bright,  stable  dis¬ 


crete  line  source  of  OH  lines  which  are  considerably 
narrower  than  those  in  the  flame. 

The  other  discrete  line  source  was  a  premixed  oxygen- 
acetylene  flame  at  atmospheric  pressure  on  a  small 
burner  whose  bore  diameter  was  0.575  mm.  The  gas 
flow  rates  were  12.5  cc/sec  of  acetylene  and  20  cc/sec 
of  oxygen.  The  width  of  the  OH  lines  in  this  source 
should  be  approximately  the  same  as  those  in  the  slot 
burner. 

The  continuum  source  was  a  1000  watt  high  pressure 
xenon  lamp  similar  to  those  described  by  Baum  and 
Dunkleman7  operating  with  a  direct  current  of  30 
amperes. 

The  spectroscopic  measurements  were  made  with  a 
scanning,  grating  monochromator^  with  photomultiplier 
detection.8  The  grating  was  a  75  mmX75  mm  replica 
with  90  000  lines  blazed  for  the  first  order  at  6000  A. 

6  A.  M.  Bass  and  H.  P.  Broida,  “A  spectrophotometric  atlas 
of  the  22+—  2n  transition  of  OH”,  National  Bureau  of  Standards 
Circular  541  (1953). 

#  O.  Oldenberg  and  F.  F.  Rieke,  J.  Chem.  Phys.  6,  439  (1938); 
R.  J.  Dwyer  and  O.  Oldenberg,  J.  Chem.  Phys.  12,  351  (1944). 

7  W.  A.  Baum  and  L.  Dunkelman,  J.  Opt.  Soc.  Am.  40,  782 
(1950). 

If  This  instrument  was  constructed  by  the  Research  Depart¬ 
ment  of  Leeds  and  Northrup  Company  and  loaned  to  the  Heat 
and  Power  Division  at  the  National  Bureau  of  Standards  on  a 
field  trial  basis. 

8  William  G.  Fastie,  J.  Opt.  Soc.  Am.  42,  641  (1952). 
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Two  sets  of  entrance  and  exit  slit  widths  of  6  (approxi¬ 
mately)  and  50  microns  were  used  to  determine  the 
effect  of  resolving  power  on  the  measured  absorption 
“temperature.”  These  widths  are  equivalent  to  0.03  A 
and  0.25  A  in  the  second  order.  With  a  slit  height  of 
0.5  mm,  lines  of  OH  in  the  second  order  near  3100  A 
whose  centers  were  separated  by  0.07  A  and  0.45  A 
could  be  clearly  resolved  in  the  two  cases.  The  detector 
was  a  1P28  RCA  photomultiplier.  Radiation  from  the 
source  was  modulated  at  a  frequency  of  60  cycles  per 
second  by  a  metal  chopper  placed  between  the  source 
and  the  flame.  Thus,  since  the  detected  signal  was 
amplified  by  a  narrow  band  synchronous  ac  amplifier, 
radiation  from  the  source  alone  is  “seen”  regardless  of 
the  relative  intensities  of  the  emission  lines  in  the 
source  and  absorber.  The  spectra  were  recorded  on  a 
pen  recorder. 

B.  Spectra 

Absorption  spectra  of  the  R2  branch  of  the  0,0  band 
in  the  22<— 2n  electronic  transition  of  OH  between  3067  A 
and  3090  A  were  obtained  (see  Figs.  4  and  5)  with  high 
and  low  resolution  using  the  three  sources  mentioned 
previously.  This  branch,  as  pointed  out  by  Dieke  and 
Crosswhite,9  is  particularly  suitable  for  temperature 
measurements  because  the  first  20  lines  occur  in  a  wave¬ 
length  region  of  20  A  and  the  branch  is  relatively  free 
of  overlapping  lines.  For  each  source,  successive  spectra 
were  obtained  for  the  source  alone,  the  source  and 
absorber,  source  alone,  source  and  absorber  and  a  final 
check  on  the  source  stability  by  recording  the  first 
few  lines.  In  general  the  recorder  deflections  for  the  lines 
of  the  repeated  spectra  agreed  with  one  another  to 
within  a  few  percent. 

Figures  4  and  5  are  examples  of  the  spectra  obtained 
under  high  resolution.  Height  above  the  base  lines  is 
proportional  to  the  radiation  intensity.  Satellite  lines, 
lines  of  the  Ri  and  Pi  branches  and  Rowland  “ghosts” 
are  not  identified  in  the  figures.  The  upper  spectrum  of 
Fig.  4  is  an  emission  spectrum  for  the  oxygen-acetylene 
flame  on  the  slot  burner.  The  lower  spectrum  is  the 
absorption  of  this  flame  using  the  continuum  source. 

Figure  5  shows  the  spectrum  of  the  discharge  through 
water  vapor  with  and  without  absorption  by  the  flame. 
Since  the  OH  discharge  lines  are  considerably  narrower 
than  those  in  the  flame,  the  ratio  of  the  observed 
deflections  of  the  absorbed  to  the  nonabsorbed  lines  in 
Fig.  5  should  be  nearly  equal  to  the  minimum  trans¬ 
mission  of  the  respective  lines.  Thus  a  close  look  at 
Fig.  5  shows  that  the  Qx  lines  have  a  transmission  of 
only  a  fraction  of  one  percent,  i.e.,  they  are  almost 
completely  absorbed.  This  large  absorption  produces 
an  interesting  effect  on  the  weak  lines.  For  example,  the 
satellites  close  to  the  strong  Qi  lines  can  be  seen  only 
as  shoulders  on  the  Qi(l)  to  (9i(6)  lines  in  the  non- 

9  G.  H.  Dieke  and  H.  M.  Crosswhite,  Bumblebee  Series  Report 
No.  87  (November,  1948)  (unclassified). 


Fig.  6.  Log  and  log  In  plots  of  OH  absorption  in  two  thicknesses 
of  an  oxygen-acetylene  flame.  “Temperatures”  are  measured 
from  the  slopes  of  the  curves  between  4000  and  7500  cm-1. 

absorbed  spectrum.  However  in  the  lower  spectrum  of 
Fig.  5,  the  strong  lines  are  almost  completely  absorbed 
leaving  the  six  satellites  of  the  Qi  lines  clearly  visible. 
In  addition  satellites  of  the  weaker  Ri  lines  also  are 
observable.  This,  incidentally,  illustrates  a  way  in 
which  the  wavelengths  of  weak  lines  near  very  strong 
lines  could  be  obtained  more  accurately. 

Minimum  transmission  (i.e.,  at  the  peak  of  the  ob¬ 
served  line)  for  all  useable  lines  in  the  R2  branch  for 
each  of  the  various  runs  were  measured  and  averaged. 
Other  quantities  required  in  order  to  use  Eq.  (10) 
were  obtained  from  the  compilation  of  Dieke  and 
Crosswhite.9 

IV.  RESULTS 

I 

“Temperature”  plots  were  constructed  for  all  the 
spectra  obtained  using  both  Eqs.  (6)**  and  (10). 
Figure  6  compares  the  two  methods  for  the  case  of  high 
resolution  and  a  discharge  source. tt  In  order  to  observe 
the  effect  of  changing  the  amount  of  absorption,  a  small 
welding  torch  with  a  port  diameter  of  1.09  mm  was 
used  as  well  as  the  slot  burner. 

Peak  absorption  in  each  flame  for  the  R2  lines  is 
given  in  Table  I.  Except  for  slight  dips  in  the  vicinity 
of  the  stronger  lines  of  the  branch,  the  log  In  plots  give 
fairly  straight  lines  in  both  flames.  The  slopes  of  these 
lines  and  therefore  the  respective  “temperatures”  are 
nearly  equal.  The  temperature  of  the  flame  on  the  slot 
burner  is  expected  to  be  somewhat  lower  than  that 

**  For  the  sake  of  convenience,  the  peak  absorption  rather  than 
the  integrated  absorption  was  measured. 

ft  We  shall  call  the  conventional  method  a  log  method  or  plot 
and  the  method  using  minimum  transmission,  log  In ;  this  nomen¬ 
clature  follows  from  Eqs.  (6)  and  (10). 
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Table  I.  Peak  absorption  of  the  R2  branch  of  OH  in  an  oxygen- 
acetylene  flame  as  measured  using  a  narrow  discrete  line  source 


Peak  absorption 

K"  1.09  mm  burner  SO  mm  slot  burner 


1 

0.34 

0.62 

2 

0.54 

0.85 

3 

0.69 

0.93 

4 

0.78 

0.97 

5 

6 

7 

0.86 

0.98 

8 

0.84 

0.98 

9 

0.98 

10 

0.97 

11 

0.95 

12 

|13 

0.68 

0.93 

14 

0.63 

0.90 

15 

0.55 

0.83 

16 

0.49 

0.74 

17 

0.38 

0.67 

18 

0.32 

0.56 

19 

0.32 

0.44 

20 

0.22 

0.35 

on  the  small  burner  because  in  the  former  case  meas¬ 
urements  were  made  a  greater  distance  above  the  inner 
cone.  Moreover,  the  experimental  error  estimated  from 
the  scatter  of  slopes  is  about  3%  (75°K  at  2500°K). 
While  greater  accuracy  and  closer  comparison  might 
be  obtained,  there  would  be  no  additional  advantage 
since  large  differences  and  trends  were  the  primary 
interest  of  this  study. 

The  log  plots  in  Fig.  6  deviate  considerably  from 
straight  lines.  In  order  that  quantitative  comparisons 
might  be  made,  however,  the  straight  line  best  fitting 
the  higher  energy  transitions  was  used  for  obtaining  a 
“temperature.”  These  “temperatures”,  as  seen  in  Fig.  6, 
are  not  only  very  high  but  differ  greatly  for  the  two 
flames.  Thus  the  usual  log  method  is  greatly  dependent 
upon  the  amount  of  absorption  in  the  flame  while  the 
log  In  method  using  a  discrete,  narrow  line  source  is  not. 

The  slight  dip  at  the  most  intense  lines  in  the  log  In 
plot  was  unexpected  and  the  cause  of  this  is  not  de¬ 
finitely  known.  A  greater  half-width  for  the  more  highly 
populated  transitions  as  is  obtained  in  resonance  type 
pressure  broadening10  would  produce  such  an  effect  [see 
Eq.  (11)].  However,  the  partial  pressure  of  OH  was 
only  of  the  order  of  16  mm  HgJJ;  this  was  calculated 
using  our  data  on  the  integrated  absorption  of  the  R2(l) 
line  corrected  for  lack  of  sufficient  resolution,  Oldenburg 
and  Rieke’s6  absolute  intensity  for  this  line  and  Eqs.  (3) 
and  (4).  This  is  probably  too  small  for  resonance 
broadening  to  have  an  effect.  Another  possible  cause 
of  the  dip  could  be  the  amplifier  passing  a  small  signal 
from  the  slot  burner  itself,  i.e.,  some  of  the  unchopped 
radiation.  A  careful  test  definitely  showed  this  not  to 
be  the  case. 


10  H.  M.  Foley,  Phys.  Rev.  69,  616  (1946);  P.  W.  Anderson, 
Phys.  Rev.  76,  647  (1949). 

ff  14.5  mm  Hg  is  the  calculated  equilibrium  pressure  of  OH  in 
the  combustion  products  at  this  temperature. 


A  slight  dip  probably  is  due  to  the  finite  width  of  the 
OH  lines  in  the  discharge  and  the  lack  of  sufficient 
resolving  power.  Even  though  the  discharge  lines  are 
\  as  wide  as  those  in  the  flame,  a  small  amount  of  ab¬ 
sorption  due  to  the  wings  is  present  in  the  measured 
peak  absorption.  This  is  so  small,  however,  that  its 
effect  is  only  observed  in  the  strongly  absorbed  lines. 
For  example,  if  the  peak  fractional  absorption  for  a  line 
is  0.99  but  due  to  a  small  wing  contribution  we  obtain 
0.98  at  the  peak  of  an  observed  discharge  line,  the 
reciprocal  of  the  transmission  should  be  100  but  is 
measured  as  50.  However,  when  the  peak  absorption 
is  0.50,  even  if  the  measured  value  were  0.40,  the  re¬ 
ciprocal  of  the  transmission  would  change  only  from 
2  to  1.7.  This  tentative  explanation  is  consistent  with 
the  explanation  given  below  of  the  effects  of  resolving 
power  and  source  line  width  on  the  measured  “tem¬ 
perature.”  The  dip,  whatever  its  cause,  does  not  appear 
to  affect  seriously  the  “temperatures”  obtained. 

Figure  7  presents  log  In  plots  for  the  slot  burner  under 
the  various  experimental  conditions.  For  the  low  resolu¬ 
tion  case,  fewer  lines  in  the  R2  branch  were  free  of  over¬ 
lapping  from  neighboring  lines,  resulting  in  fewer 
points.  “Temperatures”  obtained  from  these  plots 
together  with  those  from  log  plots  and  isointensity 
plots  (Fig.  8)  are  listed  in  Table  II. 

Another  method  of  using  spectral  data  for  determin¬ 
ing  temperature  has  been  called  the  isointensity 
method.9  It  is  most  useful  for  branches  of  molecular 
bands  which  form  a  band  head  and  is  particularly  well 
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suited  for  the  £2  branch  of  OH11’12  Heretofore  this 
method  has  not  been  used  for  absorption.  The  iso¬ 
intensity  method  is  based  on  the  intensities  of  two  lines 
being  equal.  For  example,  setting  expressions  for  re¬ 
spective  intensities  of  two  lines  equal  to  each  other, 
e.g.,  in  absorption  Eq.  (4),  and  assuming  that  their 
frequencies  are  the  same,  the  temperature  is  found  to 
depend  only  upon  the  difference  in  the  energy  levels 
and  the  ratio  of  the  transition  probabilities,  |£|2,  of 
the  two  lines.  Figure  8  compares  iso  intensity  plots  of 
the  same  spectrum  for  the  slot  burner  using  the  log¬ 
arithm  of  the  reciprocal  transmission  and  the  maximum 
absorption.  Although  the  curve  of  the  maximum  absorp¬ 
tion  versus  the  rotational  quantum  number  is  consider¬ 
ably  flatter  than  the  corresponding  transmission  curve, 
both  curves  give  the  same  isointensity  “temperatures” 
for  the  first  three  lines.  The  lower  curve  is  so  flat  that 
the  precision  for  other  pairs  of  lines  is  very  low.  These 
“temperatures”  also  agree  with  those  obtained  in  the 
infrared  in  OH  emission13  for  the  same  electronic  and 
vibrational  state.  The  isointensity  method  in  absorption 
thus  gives  reasonable  “temperatures”  even  when  the 
absorption  is  large.  However,  one  disadvantage  of  the 
method  is  that  it  provides  no  simple  way  of  detecting 
nonequilibrium,  i.e.,  the  nonexistence  of  a  temperature. 
When  this  possibility  exists  it  is  more  desirable  to  use 
the  log  or  log  In  plot  where  a  straight  line  indicates 
,  equilibrium. 

The  isointensity  “temperatures”  in  Table  II  are 
approximately  the  same  and  with  greater  care  would  be 
closer.  It  is  quite  possible  that  the  low  “temperature” 
measured  with  the  flame  source  at  the  higher  resolving 
power  is  caused  by  a  slight  difference  in  the  position 
of  the  slot  burner  flame.  From  the  infrared  and  these 
present  measurements,  it  appears  that  the  rotational 
energy  in  the  (0,0)  band  of  the  ground  electronic  state 
of  the  OH  about  25  mm  above  the  inner  cone  of  an 
acetylene-oxygen  flame  with  a  mixture  ratio  of  2  to  5 
is  distributed  as  though  the  average  “temperature” 
were  2550°±100°K. 

Table  II  emphasizes  two  points  in  comparing  the  log 
and  log  In  methods  of  measuring  “temperature.”  The 
first  is  that  the  log  In  method  with  the  discharge  source 


Table  II.  Measured  OH  rotational  “temperatures.” 


Method  of  determination 

log 

Log 

Iso- 

Resolution 

Source 

(In  1/r) 

Amai 

intens. 

0.03  A 

Discharge 

2530°K 

4100°K 

2570°K 

Flame 

2800 

3750 

2400 

Continuum 

3000 

3200 

2520 

0.25  A 

Discharge 

2650 

4300 

2480 

Flame 

3000 

4100 

2490 

Continuum 

3600 

3600 

2700 

11  K.  E.  Shuler,  J.  Chem.  Phys.  18,  1466  (1950). 

12  H.  P.  Broida,  J.  Chem.  Phys.  21,  1165  (1953). 

13  Benedict,  Plyler,  and  Humphreys,  J.  Chem.  Phys.  21,  398 
(1953). 


Fig.  8.  The  logarithm  of  the  reciprocal  transmission  and  the 
maximum  fractional  absorption  plotted  against  the  rotational 
quantum  number,  K",  of  the  initial  state.  Measured  isointensity 
“temperatures”  from  the  first  three  pairs  of  lines  are  listed. 

gives  correct  “temperatures”  independent  of  the  resolu¬ 
tion  whereas  the  “temperatures”  obtained  from  the  log 
method  are  as  much  as  70%  high.  Second,  regardless 
of  the  source  or  the  resolution,  the  log  In  “temperatures” 
are  not  in  error  by  as  much  as  the  log  “temperatures.” 

The  trends  exhibited  by  the  different  methods  of 
“temperature”  measurement  and  the  different  experi¬ 
mental  conditions  as  shown  in  Table  II  can  be  ex¬ 
plained  in  a  rather  simple  manner.  Consider  first  the 
group  of  “temperatures”  obtained  using  the  log  In 
method  under  high  resolution.  The  “temperature”  of 
2530°K  using  the  discharge  source  was  shown  to  be 
correct.  When  a  flame  source  is  used  the  “temperature” 
is  increased  about  10%.  Since  the  straight  line  portion 
of  the  plots  from  K"  — 14  to  K"=  20  (£”=4000  to 
7500  cm-1)  were  used  in  the  nonlinear  cases  to  obtain 
a  “temperature,”  the  relative  changes  in  the  reciprocal 
of  the  minimum  transmission  (or  maximum  absorption 
for  log  plots)  for  lines  near  £”=4000  cm-1  as  compared 
to  those  at  £”=  7500  cm-1  will  show  how  the  slope  of  the 
plot  or  the  “temperature”  will  vary.  Lines  near 
£”=4000  cm-1  have  a  peak  fractional  absorption  of 
approximately  0.9  while  those  at  £”=7500  cm-1  are 
about  0.4  (from  discharge  source).  These  values  will 
decrease  using  a  flame  source  since  now  source  radiation 
is  present  not  only  at  the  center  but  also  in  the  wings  of 
the  OH  lines  where  absorption  is  less.  The  source  lines 
are  thus  absorbed  less  in  the  wings  than  in  the  center 
and  since  the  spectrometer  “sees”  more  than  just  the 
center  of  the  line  when  set  on  this  wavelength  (i.e., 
AtfBPectrometer~a!fUme),  the  observed  absorption  is  less. 
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The  decrease  is  probably  somewhat  less  for  the  strongly 
absorbed  lines  since  these  transmitted  lines  (not  the 
absorption  coefficient)  are  broader.  Even  so,  if  the  peak 
absorption  changed  from  0.9  to  0.8  and  from  0.4  to  0.2, 
respectively,  the  corresponding  change  in  reciprocal 
transmission  would  be  from  10  to  5  and  1.66  to  1.25. 
This  would  cause  the  point  at  £"  =  4000  cn-r1  to  drop 
more  than  that  at  7500  cm'1  resulting  in  a  reduced  slope 
and  a  greater  "temperature.”  In  going  to  a  continuous 
source  the  same  effect  is  present  but  since  the  source 
radiation  in  the  wings  of  the  OH  lines  is  now  the  same 
as  that  at  the  peak,  the  transmitted  energy  in  the 
wings  is  greater  resulting  in  even  less  observed  absorp¬ 
tion  and  a  still  higher  "temperature.”  The  somewhat 
higher  “temperatures”  obtained  when  using  the  log  In 
method  under  poorer  resolution  is  expected  since  the 
spectrometer  now  passes  more  of  the  wing  transmission 
when  set  on  the  peak  of  the  line  (i.e.,  much  broader  slit 
function). 

The  very  high  “temperature”  measured  using  the  log 
method  with  the  discharge  source  is  to  be  expected 
since  Eq.  (6)  is  valid  only  for  small  absorption.  For 
the  spectral  lines  near  £"=7500  cm-1  where  the  peak 
absorption  is  about  0.4,  the  intensity  of  the  absorbed 
line  is  still  roughly  (15%  error)  proportional  to  the  peak 
absorption.  However,  when  the  fractional  peak  absorp¬ 
tion  is  0.9,  the  absorption  has  increased  far  less  than 
the  intensity  simply  because  the  intensity  is  in  the 
exponent.  Thus  the  plotted  points  near  £"  =  4000  cm-1 
are  much  lower  than  they  should  be,  producing  a  very 
high  "temperature”  measurement.  This  effect,  which 


might  be  called  saturation,  is  analogous  to  self-absorp¬ 
tion  in  the  case  of  emission  measurements. 

It  is  interesting  to  note  that  the  "temperatures” 
obtained  using  the  log  method  decrease  in  changing 
from  a  discharge  to  a  continuous  source — the  opposite 
of  that  for  the  log  In  method.  This  is  simply  due  to  the 
fact  that  we  are  plotting  a  function  of  absorption  rather 
than  reciprocal  transmission.  Since  the  relative  ab¬ 
sorption  decreases  more,  as  mentioned  before,  when  it 
is  weak,  i.e.,  near  £"=7500  cm-1,  these  points  are 
lowered  when  using  the  flame  and  continuum  source 
more  than  those  at  £"  =  4000  cm’1.  This  increases  the 
slope  of  the  log  plot  and  therefore  reduces  the  measured 
"temperatures.” 

Thus  it  is  seen  that  the  various  trends  in  "tempera¬ 
ture”  can  be  explained  by  a  combination  of  effects: 
plotting  a  function  of  absorption  rather  than  reciprocal 
transmission,  measurement  of  absorption  in  the  wings 
as  well  as  at  the  peak,  and  finally  the  spectral  slit  width 
of  the  spectrometer. 

V.  CONCLUSION 

The  log  in  method  based  on  Eq.  (10)  provides  a 
more  accurate  means  of  measuring  population  "tem¬ 
peratures”  in  absorption  in  flames  and  hot  gases.  If  a 
line  source  of  radiation  is  available  whose  line  widths 
are  less  than  one-fourth  those  in  the  absorber,  accurate 
“temperatures”  may  be  determined,  even  when  the 
peak  line  absorption  is  as  great  as  98%.  Even  with 
broader  line  sources  or  with  a  continuum,  the  "tem¬ 
peratures”  will  be  more  accurate  than  those  obtained 
using  the  conventional  method  based  on  Eq.  (6). 
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The  distortion  of  spectral  lines  by  the  finite  band  pass  of  spectrometers  is  an  effect  which  must  be  con¬ 
sidered  in  measuring  line  shape  parameters.  The  differences  between  actual  line  half-widths  and  line  inten¬ 
sities  and  those  which  would  be  obtained  directly  from  measurements  by  spectrometers  with  Gauss  and 
Cauchy  shaped  slit  functions  have  been  calculated  for  Lorentz  and  Doppler  lines  of  varying  widths  and 
intensities.  A  method  of  utilizing  these  results  to  correct  actual  measurements  is  developed. 


INTRODUCTION 

THERE  has  been  for  some  time  considerable 
interest  in  the  determination  of  half-widths  and 
intensities  of  lines  in  the  absorption  spectra  of  gases. 
Line  half-widths  may  be  used  to  obtain  information 
concerning  the  forces  between  molecules,  while  in¬ 
tensities  give  information  on  the  forces  within  molecules. 
Moreover,  both  of  these  parameters  can  be  used  for 
determining  the  temperature  of  a  hot  gas  and  are 
important  in  considering  energy  transfer  within  the  gas. 

When  a  spectral  line  is  observed  with  a  spectrometer, 
its  shape  is  distorted  by  the  instrument,  the  distortion 
being  greater  the  poorer  the  resolving  power  of  the 
spectrometer.  This  effect  is  well  known  and  various 
methods  have  been  used  to  attempt  to  correct  for  such 
distortion.1’2  In  general,  in  the  infrared  region  of  the 

*  Presented  in  part  before  the  Optical  Society  of  America, 
October,  1955. 
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1  A.  C.  Hardy  and  F.  M.  Young,  J.  Opt.  Soc.  Am.  39,  265  (1949). 
s  A.  Adel  and  E.  F.  Barker,  Revs.  Modern  Phys.  16,  236  (1944). 


spectrum  the  available  resolving  power  has  been  in¬ 
adequate  to  obtain  a  spectral  line  with  negligible 
distortion  so  that  its  true  width  and  intensity  could 
be  measured  directly.  These  parameters  have  been 
determined3 4  usually  by  indirect  means  involving  con¬ 
siderable  effort  and  yielding  only  fair  accuracy.  How¬ 
ever,  recent  instrumental  advances4,5  in  the  infrared 
.have  increased  the  available  resolving  power  so  that 
the  possibility  of  direct  measurements  of  line  half¬ 
width  and  intensity  in  this  region  have  increased  con¬ 
siderably.  In  order  to  determine  the  resolving  power 
necessary  for  this  task,  or  the  error  committed  with 
the  resolving  power  available,  calculations  have  been 
made  of  the  intensity  and  half-width  of  an  absorption 
line  as  a  function  of  the  resolving  power,  the  line  shape, 
the  peak  absorption,  and  the  overlap  of  neighboring 
lines. 

3  W.  S.  Benedict  and  S.  Silverman,  Phys.  Rev.  95,  752(A) 
(1954). 

4  Jaffe,  Rank,  and  Wiggins,  J.  Opt.  Soc.  Am.  45,  636  (1955). 

6  W.  G.  Fastie  and  H.  M.  Crosswhite,  J.  Opt.  Soc.  Am.  45, 
900(A)  (1955), 
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CALCULATIONS 


The  transmittance  of  a  gas  as  obtained  with  a 
spectrometer  set  on  frequency  v  may  be  expressed  as 


Tobs  ( v)  =  exp  ( —  kobs  {v)  pi) 


J'  <t(v,x)  exp(  —  k(x)pl)dy 


f«(*. 


(1) 


x)dx 


where  <r( v,x)  is  the  slit  function  at  frequency  v  and 
represents  the  intensity  of  radiation  as  a  function  of 
frequency  transmitted  by  the  spectrometer  when  the 
latter  is  on  v,  k(x)  is  the  absorption  coefficient  of  the 
gas  (the  variation  of  k(x)  with  frequency  when  only 
one  line  is  present  is  called  the  line  shape),  p  is  the 
partial  pressure  of  the  absorber  in  atmospheres,  l  is 
the  path  length  through  the  gas,  and  &0b8  and  rob8  are 
the  observed  absorption  coefficient  and  transmittance, 
respectively.  The  half-width,  a,  of  an  absorption  line  is 
defined  as  half  the  width  of  the  absorption  coefficient 
for  that  line  alone  at  half  its  peak  value  and  the  intensity 
of  the  line,J  S,  is  equal  to  the  integral  of  the  absorption 
coefficient  over  the  line.  In  addition,  we  shall  be  con¬ 
cerned  with  the  peak  value  of  the  absorption  coefficient, 
&peak,  a  quantity  which  relates  both  the  intensity  and 
width  of  a  line  through  its  shape. 

When  the  absorption  coefficient,  k(x),  varies  negli¬ 
gibly  over  the  frequency  range  of  the  slit  function, 
the  exponential  in  Eq.  (1)  can  be  removed  from  the 
integral  and  k0ha  =  k.  It  is  then  a  trivial  matter  to 
determine  a,  S,  and  &peak.  The  questions  of  current 
interest  are:  how  narrow  must  the  slit  function  be  in 
order  to  do  this,  and,  if  the  slit  function  is  not  suffi- 
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Fig.  1.  Error  made  in  direct  measurement  of  line  width,  peak 
absorption  coefficient,  and  line  intensity  as  function  of  ratio  of 
spectral  slit  width  to  line  half-width  for  a  single  Lorentz  fine 
with  30%  peak  absorption  and  a  Gauss  slit  function. 

t  The  absorption  coefficient  is  here  defined  so  that  intensity 
has  the  dimensions  cm-2  atmos-1. 


ciently  narrow,  what  are  the  errors  that  result?  In 
particular  we  wish  to  know  how  these  errors  depend 
on  the  following  variables : 

1.  ratio  of  spectral  slit  width§  to  line  half-width, 
Av/a, 

2.  shape  of  the  line,  k{x), 

3.  shape  of  slit  function,  cr(v,x), 

4.  overlap  of  neighboring  lines,  (3=2ira/d,\\ 

5.  peak  absorption,  .4peak. 

The  integral  in  Eq.  (1)  has  been  evaluated  on  a 
high-speed  electronic  digital  computer  as  a  function 
of  the  variables  listed  above  for  intervals  of  v  of  one- 
tenth  the  width  of  the  lines  or  less.  The  line  shapes 
chosen  were  the  Lorentz  (Cauchy  function)  and 
Doppler  (Gauss  function)  i.e., 


kL(x) 


Sa/ir 

(x—Xo  )2+a2’ 


S/ln2\* 

ko{x)=-l  —  I  exp[—  (ln2)(z—  #o)2/a2]. 

aV  ir  / 


(2) 

(3) 


To  a  first  approximation,  at  least,  absorption  lines  are 
expected  to  have  either  of  these  shapes  or  some  com¬ 
bination  of  the  two. 

Similar  functional  relationships  were  assumed  for 
the  slit  function,  with  Av=2a,  and  the  peak  value  of 
a  normalized  to  unity.  The  validity  of  the  Gauss  as¬ 
sumption  was  checked  by  determining  experimentally 
the  slit  function  of  our  two  spectrometers.  One  was  an 
// 6  double  pass  spectrometer  utilizing  a  2-in.  grating 


Fig.  2.  Error  made  in  direct  measurement  of  line  half-width 
as  function  of  ratio  of  spectral  slit  width  to  line  half-width,  for 
Lorentz  and  Doppler  lines  with  30%  peak  absorption. 


§  The  spectral  slit  width,  Av,  is  the  width  of  the  slit  function 
at  half  its  peak  value.  It  is  approximately  tbA  frequency  interval 
just  resolved  by  a  spectrometer  and  is  a  function  of  the  mechanical 
slit  width,  the  theoretical  resolving  power,  the  optical  perform¬ 
ance,  etc. 

||  0  is  a  parameter  whose  value  is  a  measure  of  the  amount  of 
overlap,  d  is  the  distance  between  the  lines. 
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Fig.  3.  Error  made  in  direct  measurement  of  line  half-width  as 
function  of  peak  absorption  for  Lorentz  and  Doppler  lines. 


and  an  off-axis  parabola.  The  other  was  an  // 10  single 
pass  Ebert  System  with  a  3-in.  grating.  The  entrance 
and  exit  slit  widths,  51  =  52= 5,  were  such  that  the  ratio 
of  slit  width  to  diffraction  width,  sD/2\F,  varied  from 
1  to  2  {D  is  the  aperture,  F  the  focal  length,  and  X  the 
wavelength).  The  check  was  performed  at  2.05  m  using 
a  sharp  emission  line  from  a  low  pressure  electrodeless 
discharge  in  helium. Within  the  experimental  error 
of  about  \%,  the  result  was  a  Gauss  function.**  The 
Cauchy  function  was  also  used  as  a  slit  function  to 
observe  the  effect  of  a  slit  function  with  large  wings. 
Conveniently,  a  Cauchy  function  follows  a  Gauss 
function  of  the  same  width  fairly  well  in  the  central 
region  making  it  possible  to  compare  the  effects  of 
two  slit  functions  which  differ  principally  in  the  wings. 

To  see  the  effect  of  measuring  a,  S,  and  &peftk  of  lines 
with  different  amounts  of  absorption,  calculations 
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Fig.  4.  Error  made  in  direct  measurement  of  peak  absorption 
coefficient  as  function  of  ratio  of  spectral  slit  width  to  line  half¬ 
width,  for  Lorentz  and  Doppler  lines  with  30%  peak  absorption. 

H  By  replacing  exp  (—k pi)  in  Eq.  (1)  with  the  intensity  of 
radiation  from  a  narrow  (a<<Ay)  emission  line  which  approximates 
a  delta  function,  it  is  clear  that  the  result  of  scanning  over  such 
a  line  is  proportional  to  the  slit  function. 

**  When  sD/2XF<£\,  one  would  expect  the  slit  function  to  have 
secondary  maxima  and  resemble  a  single  slit  diffraction  pattern. 
This  has  been  confirmed  emerimentally  by  Rank,  Shearer,  and 
Bennett,  J.  Opt.  Soc.  Am.  35,  762  (1955). 
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Fig.  5.  Error  made  in  direct  measurement  of  peak  absorption 
coefficient  as  function  of  peak  absorption  for  Lorentz  and  Doppler 
lines. 


were  made  assuming  peak  absorptions  of  approximately 
10%,  30%,  and  70%. 

Finally,  the  effect  of  neighboring  lines  overlapping  the 
line  of  interest  was  considered.  An  absorption  line  is 
not  always  sufficiently  distant  from  all  other  lines  so 
that  the  contributions  to  the  absorption  from  the 
wings  of  the  adjacent  lines  may  be  neglected.  This 
effect  was  considered  only  for  the  simple  case  of  a  set 
of  three  absorption  lines  of  slightly  different  intensity 
and  separation.  However,  it  is  a  rather  good  approxima¬ 
tion  to  the  lines  in  an  absorption  band  of  a  linear 
molecule.  Calculations  were  performed  for  two  values 
of  the  parameter  /3  corresponding  to  a  trough  absorption 
of  approximately  10%  and  25%  of  the  absorption  at 
the  center  of  the  line. 

RESULTS 

Figure  1  shows  the  percent  difference  between  the 
“observed”ft  and  actual  line  half-widths,  line  intensi¬ 
ties,  and  peak  values  of  the  absorption  coefficient  as  a 
function  of  the  ratio  of  the  spectral  slit  width  to  line 
half-width.  The  greatest  difference  appears  in  measuring 
the  line  half-width  because  this  measurement  is  affected 
by  distortion  in  both  the  width  and  peak  of  the  line. 
Though  it  was  expected  that  the  observed  intensity  be 
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Fig.  6.  Error  made  in  direct  measurement  of  line  intensity  as 
function  of  ratio  of  spectral  slit  width  to  line  half-width  for 
Lorentz  and  Doppler  lines  with  30%  peak  absorption. 


ft  “Observed”  refers  to  the  value  calculated  from  Eq.  (1). 
This  would  be  the  value  measured  if  an  experiment  were  performed 
under  the  conditions  stated  herein. 
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least  affected,  it  is  surprising  that  even  at  30%  peak 
absorption  the  error  is  only  2.5%  when  the  spectral 
slit  width  is  more  than  four  times  as  large  as  the  line 
half-width.  The  broadening  of  the  absorption  coefficient 
largely  compensates  for  the  depression  of  the  peak, 
thus  keeping  the  area  nearly  constant. 

Figures  2  and  3  illustrate  the  error  in  direct  measure¬ 
ments  of  line  half-width  as  a  function  of  line  shape, 
resolving  power,  and  peak  absorption.  Results  are  not 
given  for  Av/a>2  because  in  this  region  the  difference 
exceeds  50%.  To  make  accurate  corrections  of  this 
magnitude,  the  slit  function  and  line  shape  must  be  so 
accurately  known  as  to  make  direct  measurements 
impractical. 

The  effect  of  overlapping  lines  was  determined  for 
0=0.58  and  1.16.  In  order  to  measure  the  half-width 
of  an  absorption  line,  it  is  first  necessary  to  determine 
the  peak  value  of  the  absorption  coefficient  for  that 
line  alone.  This  can  be  done  by  calculating  the  absorp¬ 
tion  coefficient  contributed  to  the  peak  of  the  line  from 
neighboring  lines  in  terms  of  a  fraction  of  the  total 


Table  I.  Comparison  of  Cauchy  and  Gauss  slit  function  effects 
on  line  shape  parameters. 
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Lorentz  line,  30%  peak  absorption 


Cauchy 
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Cauchy 
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0.438 

0.21 

0.04 

0.16 

0.03 

0.01 

0.00 

0.876 

0.44 

0.14 

0.30 

0.09 

0.03 

0.01 

1.750 

0.88 

0.46 

0.47 

0.24 

0.05 

0.02 

Doppler  line,  30%  peak  absorption 

0.876 

0.25 

0.08 

0.30 

0.09 

0.04 

0.01 

absorption  coefficient  of  an  adjacent  trough.  In  order 
to  determine  this  fraction  one  must  know  the  width, 
relative  intensity,  shape,  and  position  for  each  line. 
Fortunately,  the  fraction  is  very  insensitive  to  each  of 
these  parameters  except  the  distances  between  the  lines, 
which  are  known  or  can  be  measured  independently. 
In  this  case,  where  a  series  of  only  three  lines  is  con¬ 
sidered,  the  ratio  is  approximately  0.25.  Figure  2 
illustrates  that  for  (5=0.58  and  1.16  the  overlap,  when 
handled  in  this  way,  has  little  effect  on  the  accuracy 
with  which  the  line  width  may  be  measured. 

It  is  often  useful  to  know  the  peak  value  of  the 
absorption  coefficient  of  a  line.  Figures  4  and  5  show 
that  the  error  made  in  obtaining  the  peak  value  of  k  as 
a  function  of  Av/a  in  the  range  from  0  to  2.0  is  very 
nearly  the  same  for  both  Lorentz  and  Doppler  lines. 
Actually,  this  is  expected  because  both  shapes  are  very 
similar  around  the  center  of  the  line.  If  one  is  interested 
in  the  total  absorption  coefficient  at  the  center  of  the 
line,  these  graphs  are  applicable.  If  the  peak  value  of 
the  absorption  coefficient  for  the  single  line  alone  is 
desired,  the  amount  of  overlap  must  be  subtracted. 

Line  intensities  may  be  determined  by  the  extra- 


Fig.  7.  Error  made  in  direct  measurement  of  line  intensity  as 
function  of  peak  absorption  for  a  Lorentz  line. 


polation  method  which  Wilson  and  Wells6  used  for 
band  intensities.  However,  the  method  is  time  con¬ 
suming  and  at  times  the  present,  more  rapid  method 
would  be  preferable.  Figure  6  demonstrates  the  accuracy 
possible  when  measuring  directly  the  line  intensity  of 
a  30%  peak  absorbed  line.  Graphs  of  this  type  for 
peak  absorptions  of  greater  or  less  than  30%  can  be 
prepared  from  Figs.  7  and  8. 

In  order  to  determine  the  effect  produced  by  a  slit 
function  which  has  large  wings,  the  line  half-width, 
peak  absorption  coefficient,  and  intensity  were  calcu¬ 
lated  using  a  Cauchy  slit  function,  i.e., 

(Ay/2  y 

*  (v,x)  = - . 

(x—  v)2-\-  (Av/2)2 

The  comparison  between  the  effects  of  a  Gauss  slit 
function  and  a  Cauchy  slit  function  is  given  in  Table  I, 
and  the  results  show  that  even  if  Av/a  is  small,  the  error 


0  0.2  0.4  0.6 

APEa' 

Fig.  8.  Error  made  in  direct  measurement  of  line  intensity  as 
function  of  peak  absorption  for  a  Doppler  line. 


6  E.  B.  Wilson,  Jr.,  and  A.  J.  Wells,  J.  Chem.  Phys.  14,  578 
(1946). 
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SLIT  FUNCTION  EFFECTS 


Fig.  9.  Curves  for  determining  ratio  of  spectral  slit  width  to 
line  half-width  from  direct  measurement  of  line  half-widths  at 
pressures  of  P  and  2 P.  The  curves  are  drawn  for  Cauchy  and 
Gauss  shaped  lines  of  which  the  width  varies  linearly  with 
pressure. 

can  be  large  if  the  slit  function  has  strong  wings.  The 
effects  indicated  in  Table  I  are  for  an  extreme  case 
since  it  appears  from  our  observations  that  a  high 
resolution  spectrometer  will  tend  to  have  a  slit  function 
somewhere  between  a  Gauss  function  and  a  single 
slit  diffraction  function.  Nevertheless,  this  does  em¬ 
phasize  the  importance  of  determining  in  some  way 
the  particular  slit  function  which  is  used  in  an 
experiment. 

APPLICATION  OF  RESULTS 

In  order  to  use  the  various  graphs,  presented  in  this 
paper,  to  correct  the  directly  measured  quantities, 
it  is  necessary  to  know  the  ratio  of  the  spectral  slit 
width  to  line  half-width,  Av/a,  and  the  actual  peak 
absorption  of  the  line,  A***1*.  In  Fig.  9,  Av/a  has  been 
plotted  against  the  ratio  of  two  observed  half-widths 
where  actual  half-widths  differ  by  a  factor  of  two.JJ 
Though  the  curves  have  been  prepared  for  a  peak 
absorption  of  30%,  a0b8 —a/a  does  not  vary  greatly 
with  the  peak  absorption  (see  Fig.  3)  and,  therefore, 
these  curves  can  be  used  for  other  absorptions. 
Whenever  it  is  possible  to  vary  the  pressure  in  an 
absorption  experiment  (and  if  a  varies  linearly  with 
pressure)  it  is  a  simple  matter  to  obtain  spectra  for  the 
same  spectral  slit  width  but  for  the  two  values  of  a. 
The  desired  Av/a  can  then  be  obtained  from  Fig.  9. 

When  experimental  conditions  are  such  that  the 
pressure  cannot  be  changed  easily  or  a  does  not  vary 
with  pressure  in  a  known  way,  the  slit  width  can  be 
changed  and  Av  determined  for  each  using  a  sharp 

ft  Curves  of  this  type  can  be  prepared  from  Fig.  2  for  a  or  Av 
changing  by  a  factor  other  than  2. 


Av 


Fig.  10.  Curves  for  determining  ratio  of  spectral  slit  width  to 
line  half-width  from  direct  measurement  of  line  half-widths  at 
spectral  slit  widths  of  Av  and  Av/2. 

emission  line.  Then  a  graph  such  as  Fig.  10ff  can  be 
used  to  obtain  Av/a. 

It  should  be  emphasized  again  that  the  graphs  in  this 
study  have  been  prepared  for  a  Gaussian  slit  function 
and  the  shape  of  the  slit  function  ought  to  be  checked 
experimentally  by  using  some  narrow  emission  line  as 
described  earlier.  This  emission  line,  however,  need 
not  be  in  exactly  the  region  in  which  measurements 
are  desired,  for  the  shape  of  the  slit  function  is  expected 
to  change  little  as  a  function  of  frequency  compared 
with  the  change  in  its  width. 

SUMMARY 

Direct  measurements  of  absorption  line  half-widths 
and  peak  absorption  coefficients  can  be  made  with  an 
error  of  only  5.0%  with  a  ratio  of  spectral  slit  width 
to  line  half-width  of  about  0.50.  Under  similar  condi¬ 
tions  direct  determination  of  line  intensity  can  be  made 
with  an  error  of  0.5%  when  the  peak  absorption  is  30%. 

The  ratio  of  spectral  slit  width  to  line  half-width 
can  be  determined  experimentally  by  making  observa¬ 
tions  at  two  known  pressures  or  at  two  mechanical  slit 
widths.  If  the  shape  of  the  slit  function  is  approximately 
Gaussian,  which  also  can  be  confirmed  experimentally, 
this  value  of  Av/a  and  the  graphs  given  can  be  used  to 
correct  direct  measurements  of  line  half-width  and 
intensity  for  the  slit  function  distortion. 

The  electronic  computer  calculations  were  performed 
by  Mr.  John  Cooper  of  the  National  Bureau  of  Stand¬ 
ards’  Computation  Laboratory ;  we  gratefully  acknowl¬ 
edge  his  cooperation  and  assistance. 
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Preface 


The  liquid-in-glass  thermometer  is  probably  the  most  widely  used  tem¬ 
perature  measuring  device  in  both  science  and  industry.  In  spite  of  its  fragile 
nature,  its  relative  simplicity  makes  this  type  of  thermometer  singularly  attrac¬ 
tive  where  reliable  temperature  measurements  are  required  but  the  highest 
attainable  accuracy  is  not  necessary. 

The  liquid-in-glass  thermometer  is  not  an  entirely  foolproof  instrument, 
however.  If  the  user  is  to  realize  the  accuracy  of  which  his  thermometer  is 
capable,  and  to  recognize  its  inherent  limitations  as  well,  he  must  have,  in 
addition  to  its  calibration,  some  knowledge  of  the  behavior  to  be  expected  of 
such  a  thermometer.  It  is  the  purpose  of  this  Circular  to  emphasize  the  impor¬ 
tant  features  of  good  practice  in  the  design  and  use  of  liquid-in-glass  thermom¬ 
eters,  and  to  describe  the  techniques  used  by  the  National  Bureau  of  Standards 
in  their  calibration.  This  information  is  intended  to  be  of  value  not  only  to 
those  who  wish  to  submit  thermometers  to  the  Bureau  for  calibration,  but  also 
to  manufacturers,  to  other  standards  laboratories,  and  to  those  who  wish  to 
calibrate  their  own  instruments. 

A.  V.  Astin,  Director. 
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Calibration  of  Liquid -in- Glass  Thermometers 

James  F.  Swindells 


This  Circular  contains  information  of  general  interest  to  both  manufacturers  and  users 
of  liquid-in-glass  thermometers,  as  well  as  those  who  wish  to  calibrate  thermometers  or  sub¬ 
mit  them  to  the  National  Bureau  of  Standards  for  calibration.  Important  elements  of 
thermometer  design  are  discussed,  and  eligibility  requirements  for  certificates  or  reports  of 
tests  are  given.  Factors  affecting  the  use  of  common  types  of  liquid-in-glass  thermometers 
are  included  together  with  tables  of  tolerances  and  reasonably  attainable  accuracies.  The 
calculation  of  corrections  for  the  temperature  of  the  emergent  stem  is  given  in  detail  for 
various  types  of  thermometers  and  conditions  of  use.  The  Circular  also  describes  the 
techniques  and  equipment  used  in  the  calibration  procedures  and  provides  instructions  for 
applicants  requesting  thermometer  calibration  services. 


1.  Introduction 


It  is  the  responsibility  of  the  National  Bureau 
of  Standards  to  establish,  maintain,  and  assume 
custody  of  the  Nation’s  standards  of  physical 
measurement.  One  important  activity  under 
this  responsibility  is  the  accurate  reproduction  of 
the  International  Temperature  Scale  as  a  basis 
for  the  uniform  measurement  of  temperature 
throughout  the  scientific  and  industrial  activities 
of  the  United  States.  To  this  end  the  Bureau 
accepts  for  calibration  with  reference  to  this  scale 
selected  types  of  temperature-measuring  instru¬ 
ments  [l]1  for  use  as  reference  or  working  stand¬ 
ards  where  precise-temperature  measurements 
are  required.  Less  precise  types  of  instruments 
are  not  accepted,  nor  are  the  more  routine  cali¬ 
brations  performed  in  cases  where  such  work  can 
be  done  in  qualified  commercial  testing  labora¬ 
tories  or  elsewhere.  It  is  the  purpose  of  this 
Circular  to  describe  the  practices  employed  at 
the  Bureau  in  the  calibration  of  acceptable  types 


of  liquid-in-glass  thermometers.  The  informa¬ 
tion  is  intended  for  those  who  wish  to  submit 
thermometers  for  calibration  or  who  have  occa¬ 
sion  to  use  thermometers  calibrated  at  the  Bureau. 
Important  features  of  good  practice  in  the  use  of 
liquid-in-glass  thermometers  are  emphasized  to 
assure  the  realization  of  the  accuracy  of  which 
the  thermometers  are  capable,  as  well  as  to  point 
out  their  inherent  limitations. 

In  this  Circular,  which  supersedes  the  fourth 
edition  of  Circular  8,  much  of  the  material  for¬ 
merly  deleted  in  the  third  and  fourth  editions  of 
Circular  8  has  been  retained.  It  appears  that 
much  of  this  information  is  of  continuing  interest 
to  both  manufacturers  and  users  and  is  most  use¬ 
ful  when  collected  in  one  publication.  Consistent 
with  the  purpose  of  this  Circular,  however,  only 
material  relating  to  liquid-in-glass  thermometry 
is  included. 


2.  Temperature  Scales  and  Standards 


The  calibration  of  a  thermometer  consists  of 
comparing  its  indications  with  known  tempera¬ 
tures  on  an  accepted  scale  of  temperature.  The 
Kelvin  Scale  is  recognized  as  the  absolute  ther¬ 
modynamic  scale  to  which  all  temperatures  should 
be  ultimately  referable.  In  1954  the  Tenth 
General  Conference  on  Weights  and  Measures 
defined  this  scale  by  means  of  a  single  fixed  point, 
the  triple  point  of  water,  to  which  was  assigned 
the  temperature  273.16°  K,  exactly.  Because  of 
the  difficulties  encountered  in  the  realization  of 
the  Kelvin  Scale,  however,  a  practical  working 
scale,  the  International  Temperature  Scale,  was 
first  adopted  in  1927  and  later  revised  in  1948. 
This  Scale  was  intended  to  have  close  corres¬ 
pondence  with  the  Kelvin  Scale  and  to  provide 
scientific  and  industrial  laboratories  throughout 
the  world  with  a  common  basis  for  stating  tem¬ 
peratures.  Calibrations  of  thermometers  at  the 
Bureau  are  therefore  made  with  reference  to 
temperatures  on  the  International  Temperature 
Scale. 

In  the  range  of  temperatures  covered  by 
liquid-in-glass  thermometry,  the  International 

1  Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this 
Circular. 


Temperature  Scale  is  defined  by  four  fixed  points, 
the  normal  boiling  points  of  oxygen  at  —182.970° 
C,  water  at  100°  C,  sulfur  at  444.600°  C,  and  the 
normal  freezing  point  of  water  (ice  point)  at 
0°  C.  It  is  recommended  that  the  ice  point  be 
taken  as  the  temperature  exactly  0.01°  C  below 
the  temperature  of  the  triple  point  of  water. 
This  makes  0°  C  correspond  to  273.15°  K.  Tem¬ 
peratures  in  the  range  0°  to  630.5°  C,  other  than 
the  fixed  points,  are  defined  on  the  International 
Temperature  Scale  in  terms  of  a  standard  plati¬ 
num  resistance  thermometer  calibrated  at  the 
ice  (or  triple  point),  steam,  and  sulfur  points.2 
The  oxygen  point  is  added  as  a  fourth  calibration 
point  when  the  standard  resistance  thermometer 
is  used  below  0°  C.  For  international  uniformity 
the  name  of  the  scale  was  changed  in  1948  from 
“centigrade”  to  “Celsius.”  In  the  range  from 
—  182.97°  to  630.5°  C  no  significant  change  in  the 
values  of  temperature  was  effected  as  compared 
with  the  1927  scale. 

Thermometers  graduated  on  the  Fahrenheit 
scale  are  calibrated  with  reference  to  the  Inter- 

2  Because  of  the  uncertain  nature  of  the  sulfur  point,  It  is  probable  that 
action  by  the  International  Conference  on  Weights  and  Measures  In  1960 
will  result  In  the  use  of  the  freezing  point  of  zinc,  with  an  assigned  tempera¬ 
ture  close  to  419.505°  C,  as  a  defined  fixed  point  on  the  ITS. 
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national  Temperature  Scale  using  the  conversion 
formula, 

toF=-  Lc+32°  F. 

5 

When  the  highest  accuracy  is  required  in  a 
calibration,  the  thermometer  indications  are  com¬ 
pared  directly  with  temperatures  obtained  with  a 
standard  resistance  thermometer.  If  lesser  ac¬ 
curacy  is  adequate,  one  of  a  series  of  mercury-in¬ 
glass  standards  is  used,  except  below  0°C,  where 
the  calibration  is  always  made  directly  with  a 
resistance  thermometer  regardless  of  the  accuracy 
required.  The  series  of  mercury -in-glass  ther¬ 
mometers  which  serve  as  standards  for  total- 
immersion  comparisons  is  shown  below. 


Range 

Smallest 

gradua¬ 

tion 

Auxiliary 

scale 

°C 

°C 

°C 

0  to  50  _  _  _ 

0.  1 

0  to  100  ___  _ _ 

0.  2 

50  to  100 _ 

0.  1 

at  0 

100  to  200 _ 

0.  2 

at  0 

200  to  300 _ 

0.  5 

at  0 

300  to  500 _ 

1.  0 

at  0 

These  standards  are  calibrated  with  reference 
to  the  International  Temperature  Scale  through 
comparisons  with  a  standard  resistance  ther¬ 
mometer. 

Partial-immersion  standards,  known  as  “like 
standards,”  are  maintained  for  the  calibration  of 
accepted  designs  of  partial-immersion  thermome¬ 
ters.  These  standards  are  calibrated  for  stem- 
temperature  conditions  expected  to  prevail  during 
the  calibration  of  similar  thermometers.  This  use 
of  like  standards  eliminates  the  need  for  many  of 
the  precautions  necessary  when  dissimilar  ther¬ 
mometers  are  compared.  The  procedure  permits 
the  direct  comparison  of  the  indications  of  similar 
thermometers,  as  long  as  the  bulbs  are  at  the  same 
temperature  and  the  stem  temperatures  are 
essentially  the  same  for  all  of  the  thermometers 
under  comparison. 

For  the  use  of  those  who  may  want  to  set  up 
reproducible  fixed  points  in  their  own  laboratories, 
the  Bureau  issues  triple-point-of-benzoic-acid  cells 
and  freezing-point  standards  of  tin,  lead,  zinc, 
aluminum,  and  copper  together  with  their  appro¬ 
priate  measured  temperatures.  Detailed  infor¬ 
mation  on  these  samples  and  their  procurement  is 
given  in  NBS  Circular  552. 


3.  Kinds  of  Thermometers  Accepted  for  Test 


Liquid-in-glass  thermometers  include  a  wide 
variety  of  types,  not  all  of  which  are  accepted  for 
test.  In  general,  considerations  of  design,  in¬ 
tended  use,  and  probable  stability  of  the  ther¬ 
mometer  indications  are  the  principal  factors 
governing  acceptability  for  test.  Thermometers 
belonging  to  the  large  and  varied  group  which 
may  be  classed  as  laboratory  or  “chemical” 
thermometers  are  regularly  accepted.  These  may 
be  of  the  etched-stem  or  enclosed-scale  (Einscli- 
luss)  type.  Other  acceptable  types  include  such 
special-purpose  thermometers  as  Beckmanns,  calo¬ 
rimetries,  and  clinicals.  Thermometers  of  the 
so-called  industrial  or  mechanical  types,  with 
special  mountings  for  their  various  intended  uses, 
can  be  accepted  for  test  only  when  their  construc¬ 
tion  permits  testing  with  the  equipment  available. 
Ordinary  household  or  meteorological  thermome¬ 


ters  will  not,  in  general,  be  accepted  unless  the 
scale  is  graduated  on  the  glass  stem  itself  and  the 
thermometer  can  be  readily  detached  from  its 
mounting  for  insertion  in  a  testing  bath. 

Every  thermometer  submitted  must  pass  a  pre¬ 
liminary  examination  for  details  of  construction 
before  being  finally  accepted  for  test.  The  exami¬ 
nation  is  made  with  optical  aid  (about  10  to  15  X) 
for  fineness  and  uniformity  of  graduation,  clean¬ 
ness  of  the  mercury  and  capillary  bore,  and 
freedom  from  moisture,  gas  bubbles,  and  cracks  in 
the  glass.  Among  other  possible  defects  are 
omission  of  gas  filling  where  needed,  insufficient 
annealing,  misnumbered  graduations,  and  numer¬ 
ous  others.  A  complete  listing  of  all  possible 
defects  is  not  practicable.  When  serious  defects 
are  found  the  thermometer  is  returned  untested. 


4.  Certificates  and  Reports 


A  certificate  of  test  issued  by  the  Bureau  for 
a  liquid-in-glass  thermometer,  in  addition  to  giv¬ 
ing  the  results  of  the  test,  may  be  taken  as  an 
indication  that  the  thermometer  is  free  from 
serious  defects  of  design,  material,  or  workman¬ 
ship,  and  that  it  has  been  tested  at  a  sufficient 
number  of  points  to  provide  reasonable  assurance 
that  the  indications  throughout  the  scale  are  as 


nearly  correct  as  can  be  expected  with  good 
manufacturing  practice. 

The  test  requirements  and  tolerances  outlined 
in  sections  5,  6,  and  7  indicate  the  standard  to 
which  a  thermometer  should  conform  in  order  to 
be  eligible  for  certification. 

If  a  thermometer  that  is  accepted  for  test  is 
not  eligible  for  certification,  a  report  giving  the 
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results  of  the  test  will  be  issued.  This  report  also 
contains  a  statement  of  the  reasons  for  not  issuing 
a  certificate.  The  issuing  of  a  report  means  that 
the  thermometer  is  usable,  but  in  most  cases  it 
also  means  that  the  manufacturer  has  failed  to 
meet  requirements  such  as  those  listed  at  the  end 
of  this  section  which  he  could  reasonably  be 
expected  to  meet.  There  may  be  some  other  cases 
where  a  thermometer  is  carefully  manufactured, 
but  is  designed  to  meet  a  particular  government  or 
commercial  specification  which,  while  adequate  for 
its  intended  purpose,  is  in  some  particular  in 
conflict  with  the  NBS  requirements  for  certifica¬ 
tion.  A  report  of  test  will  usually  serve  to  enable 
the  user  to  secure  satisfactory  and  reliable  temper¬ 
ature  measurements  with  the  thermometer  if  it  is 
properly  used  and  the  reported  corrections  are 
applied. 

In  addition  to  the  results  of  test,  a  certificate 
or  report  will  show  the  following  information: 
the  manufacturer’s  identification  markings  and 
numbers;  the  agency  or  firm  for  which  the  test 
was  made;  the  NBS  test  number  and  date  of 
test;  and  such  explanatory  notes  as  will  define 
the  conditions  under  which  the  results  of  test  are 
applicable  and  which  will  enable  the  user  to  apply 
the  results  of  the  test  to  advantage.  The  authen¬ 
ticity  of  a  certificate  is  evidenced  by  an  impressed 


seal  of  the  Bureau.  When  necessary,  the  certifi¬ 
cate  will  be  accompanied  by  a  sheet  showing  how 
to  calculate  the  correction  for  emergent  stem.  If 
the  thermometer  is  of  the  metastatic  (Beckmann) 
type,  the  certificate  will  be  accompanied  by  a 
table  of  setting  factors  to  enable  the  user  to  apply 
the  results  of  test  when  the  thermometer  is  used 
with  a  setting  other  than  that  for  which  the  cor¬ 
rections  are  given. 

Figure  1  shows  the  face  of  a  certificate  and 
figure  2  the  back  of  the  same  certificate. 

Some  of  the  reasons  why  a  thermometer  may 
not  be  certified  are  given  in  detail  m  the  following 
three  sections  and  are  briefly  summarized  below: 

(a)  Defects  of  design  or  workmanship,  in 
general. 

(b)  Omission,  where  required,  of  ice  point  or 
other  reference  point. 

(c)  Part  of  graduated  scale  not  usable. 

(d)  Defects  in  graduation  or  numbering,  or 
graduation  in  unsuitable  intervals. 

(e)  Omission  of  required  marking  on  partial- 
immersion  thermometers. 

(f)  Unsuitable  glass  in  bulb. 

(g)  Inadequate  annealing. 

(h)  Inadequate  gas  filling. 

(i)  Scale  error  in  excess  of  tolerance. 

(j)  Not  tested  over  entire  range  of  scale. 


5.  Thermometer  Design  Requirements 


The  first  requirements  for  certification  are  that 
the  thermometer  shall  be  of  good  design,  material, 
and  workmanship  and  shall  be  permanently 
marked  with  a  serial  number  which  will  serve  to 
uniquely  identify  the  thermometer  with  its  cer¬ 
tificate  of  calibration.  No  attempt  is  made  to 
list  specifically  all  possible  defects  of  design  and 
workmanship,  since  some  latitude  for  judgment 
must  be  reserved  to  deal  with  individual  cases  as 
they  arise.  Certain  important  requirements  of 
general  applicability  can  be  singled  out,  however, 
and  these  are  described  below. 

5.1.  Materials  of  Construction 

While  the  cleanliness  of  the  thermometer  bulb, 
bore,  and  liquid  filling  have  a  pronounced  effect 
upon  the  performance  of  a  finished  thermometer, 
of  equal  importance  is  the  proper  choice  of  the 
glass  from  which  the  thermometer  is  manufac¬ 
tured.  Particularly,  the  thermometer  bulb  must 
be  made  of  a  glass  suitable  for  use  in  the  tempera¬ 
ture  range  for  which  the  thermometer  is  graduated. 
In  addition,  the  thermometer  must  be  adequately 
annealed  so  that  continued  use  will  not  greatly 
change  its  indications.  This  is  especially  impor¬ 
tant  for  a  thermometer  graduated  above  300°  C 
or  600°  F.  The  quality  of  the  thermometer  glass 
and  the  adequacy  of  the  annealing  process  may 
be  judged  in  part  by  the  stability  of  reference- 
point  readings  (such  as  ice  points).  To  be  eligible 


for  certification,  reference-point  readings  taken 
before  and  after  test  must  not  differ  by  more  than 
the  accuracy  bounds  stated  for  the  particular 
type  of  thermometer  in  the  applicable  table  in 
section  6. 

All  high-temperature  thermometers  should  be 
filled  with  a  dry  inert  gas  under  sufficient  pressure 
to  prevent  separation  of  the  mercury  at  any  tem¬ 
perature  for  which  the  scale  is  graduated.  Total- 
immersion  thermometers  graduated  above  150°  C 
or  300°  F  must  be  gas  filled  to  minimize  the  dis¬ 
tillation  of  mercury  from  the  top  of  the  column. 
Gas  filling  for  lower  temperatures  is  optional,  but 
is  strongly  recommended. 

5.2.  Scale  Design  and  Workmanship 

Thermometers  of  the  plain-stem  type  shall  have 
the  graduation  marks  etched  directly  on  the  stem 
and  so  located  as  to  be  opposite  the  enamel  back. 
In  thermometers  of  the  enclosed-scale  (Einschluss) 
type,  the  graduated  scale  must  be  securely  fas¬ 
tened  to  prevent  relative  displacement  between 
scale  and  capillary — for  example,  by  fusing  the 
scale  to  the  enclosing  tube — or  if  this  is  not  done, 
a  mark  should  be  placed  on  the  outer  tube  to 
locate  the  scale  and  indicate  at  any  time  whether 
the  scale  is  in  its  original  position.  The  gradua¬ 
tion  marks  shall  be  clear  cut,  straight,  of  uniform 
width,  and  in  a  plane  perpendicular  to  the  axis 
of  the  thermometer.  The  spacing  of  the  gradua- 
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Marked 
Surety  1495 

Range 

-5°  to  +105°C  in  0.  2° 


Thermometer 

Reading 

Correction 

U 

% 

o 

o 

1 

-1-0.  02°C 

20.  00 

+  .02 

40.  00 

i 

o 

tv 

60. 00 

+  .  02 

80.  00 

+  .  04 

100. 00 

+  .  06 

If  the  correction  is  -f  the  true  temperature  is  higher  than  the  indicated  temperature;  if  the 
correction  is  —  the  true  temperature  is  lower  than  the  indicated  temperature.  To  use  the  correc¬ 
tions  properly,  reference  should  be  made  to  the  notes  marked  by  asterisks  on  the  reverse  side  of 
this  sheet. 
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For  the  Director 


Geneva  Williams,  Physicist 
Thermometry  Laboratory 
Heat  Division 


Figure  1.  Facsimile  of  face  of  a  thermometer  certificate. 
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NOTES 


.s>l' 

''I''-  Note  A. — The  tabulated  corrections  apply  for  the 
condition  of  total  immersion  of  the  bulb  and  liquid 
column.  If  the  thermometer  is  used  at  partial  im¬ 
mersion,  apply  an  emergent  stem  correction  as  ex¬ 
plained  in  the  accompanying  stem  correction  sheet. 

Note  B. — The  tabulated  corrections  apply  for  the 
condition  of  total  immersion  of  the  bulb  and  liquid 
column.  Although  this  thermometer  is  not  ordinarily 
used  in  this  way,  no  significant  errors  should  be  intro¬ 
duced  by  neglecting  the  corrections  for  emergent 
stem. 

Note  C. — The  thermometer  was  tested  in  a  large, 
closed-top,  electrically  heated,  liquid  bath  at  an  im¬ 
mersion  of  .  The  temperature  of 

the  room  was  about  25°  C  (77°  F).  If  the  thermome¬ 
ter  is  used  under  conditions  which  would  cause  the 
average  temperature  of  the  emergent  liquid  column 
to  differ  markedly  from  that  prevailing  in  the  test, 
appreciable  differences  in  the  indications  of  the  ther¬ 
mometer  would  result. 

Note  D. — The  tabulated  corrections  apply  provided 
the  ice-point  reading  is  .  If  the 

ice-point  reading  is  found  to  be  higher  (or  lower) 
than  stated,  all  other  readings  will  be  higher  (or 
lower)  by  the  same  amount. 

'/lv  Note  E. — The  tabulated  corrections  apply  provided 
the  ice-point  reading,  taken  after  exposure  for  not 
less  than  3  days  to  a  temperature  of  about  25°  C 
(77°  F)  is  —  0.02°C  •  If  the  ice-point 

reading  is  found  to  be  higher  (or  lower)  than  stated, 
all  other  readings  will  be  higher  (or  lower)  by  the 
same  amount.  If  the  thermometer  is  used  at  a  given 
temperature  shortly  after  being  heated  to  a  higher 
temperature,  an  error  of  0.01°  or  less,  for  each  10° 
difference  between  the  two  temperatures,  may  be 
introduced.  The  tabulated  corrections  apply  if  the 
thermometer  is  used  in  its  upright  position;  if  used 
in  a  horizontal  position,  the  indications  may  be  a  few 
hundredths  of  a  degree  higher. 


Note  F. — The  tabulated  corrections  apply  provided 
the  reading  when  the  thermometer  is  immersed  in 
steam  at  100°  C  (212°  F)  is  If  the 

reading  is  found  to  be  higher  (or  lower)  than  stated, 
all  other  readings  will  be  higher  (or  lower)  by  the 
same  amount.  The  temperature  of  steam  is  100°  C 
(212°  F)  only  if  the  pressure  is  760  mm  (29.921 
inches).  If  the  pressure  differs  from  760  mm  (29.921 
inches)  allowance  must  be  made  for  this.  If  the 
pressure  is  higher  (or  lower)  than  760  mm  (29.921 
inches)  the  temperature  will  be  higher  (or  lower) 
than  100°  C  (212°  F)  by  approximately  0.037°  C  per 
mm  difference  (1.68°  F  per  inch  difference). 

Note  G. — The  thermometer,  before  testing,  was 
heated  to  the  temperature  of  the  highest  test  point. 
The  application  of  the  tabular  corrections  to  the  read¬ 
ings  of  the  thermometer  will  give  true  temperature 
differences  provided  the  thermometer  is  used  in  its 
upright  position  and  is  heated  previously  (within  an 
hour  before  using)  to  the  highest  temperature  to  be 
measured. 

Note  H. — The  thermometer  was  tested  for  use  in 
differential  measurements,  such  as  the  measurement 
of  temperature  differences  in  a  flow  calorimeter.  The 
two  thermometers  used  in  a  flow  calorimeter  should 
be  compared  occasionally  in  stirred  water  at  some 
convenient  temperature  and  if  their  indications,  after 
application  of  the  tabular  corrections,  are  found  to 
differ,  an  additional  correction  equal  to  the  difference, 
should  be  applied  to  the  indications  of  one  of  them. 

Note  I. — The  tabulated  corrections  apply  for  a 
“setting”  of  20°  C.  Setting  factors  for  use  with 
other  settings  are  given  on  the  accompanying  sheet. 

Note  J. — The  tabulated  corrections  apply  for  the 
condition  of  immersion  indicated  provided  the  ice- 
point  reading,  taken  after  heating  to 
for  not  less  than  3  minutes,  is  If 

the  ice-point  reading,  which  should  be  taken  within  5 
minutes  after  removal  of  the  thermometer  from  the 
heated  bath,  is  found  to  be  higher  (or  lower)  than 
stated  all- other  readings  will  be  higher  (or  lower)  by 
the  same  amount. 


Figure  2.  Facsimile  of  back  of  a  thermometer  certificate. 


159/5 


tions  shall  be  free  from  significant  irregularities 
which  would  produce  uncertainties  in  the  indica¬ 
tions  by  amounts  exceeding  the  limits  otherwise 
set  for  the  type  of  thermometer. 

The  scale  shall  be  graduated  either  in  1.0-,  0.5-, 
0.2-,  or  0.1 -degree  intervals,  or  in  decimal  mul¬ 
tiples  or  submultiples  of  such  intervals.  Ther¬ 
mometers  with  scales  graduated  in  0.25-degree 
intervals,  or  in  0.25-degree  intervals  further  sub¬ 
divided,  have  occasionally  been  submitted  for 
test.  Such  thermometers  are  sometimes  difficult 
to  read  and  their  elimination  is  desirable.  The 
divisions  shall  be  numbered  in  such  a  way  that 
the  identification  of  any  graduation  is  not  unneces¬ 
sarily  difficult.  Thermometers  graduated  in  0.1- 
or  0.2-degree  intervals,  or  decimal  multiples  or 
submultiples  of  these,  should  have  every  fifth 
mark  longer  than  the  intermediate  ones  and 
should  be  numbered  at  every  tenth  mark.  Ther¬ 
mometers  graduated  in  0.5-degree  intervals,  or  in 
decimal  multiples  or  submultiples  of  0.5  degree, 
require  three  lengths  of  graduation  marks  consist¬ 
ing  of  alternating  short  and  intermediate  marks, 
with  every  tenth  mark  distinctly  longer  than  the 
others,  and  numbering  at  every  10th  or  20th  mark. 

The  range  -of  scale  must  not  be  extended  to 
temperatures  for  which  the  particular  thermom¬ 
eter  glass  is  unsuited.  An  example  would  be  that 
of  a  thermometer  of  borosilicate  glass  graduated 
to  1,000°  F;  an  attempt  to  use  the  instrument  at 
that  temperature  would  ruin  it  in  a  short  time. 

5.3.  Dimensional  Requirements  of  Scale 

Excessively  coarse  graduation  marks  do  not 
represent  good  design.  The  optimum  line  width, 
however,  will  depend  in  some  measure  upon  the 
use  for  which  a  particular  thermometer  is  intended. 
If  the  thermometer  indications  are  to  be  observed 
precisely,  for  example  to  0.1  division,  the  width 
of  the  graduation  marks  in  the  extreme  case 
should  not  be  more  than  0.2  of  the  interval  be¬ 
tween  center  lines  of  the  graduations.  In  cases 
where  the  thermometer  must  be  read  quickly  or 
in  poor  light,  and  less  precision  is  expected,  some¬ 
what  wider  lines  may  be  acceptable. 

In  addition,  the  graduation  marks  must  not  be 
too  closely  spaced.  The  closest  permissible  spac¬ 
ing  will  depend  upon  the  fineness  and  clearness  of 
the  marks.  In  no  case,  however,  shall  the  dis¬ 
tance  between  center  lines  of  adjacent  graduation 
marks  on  an  etched-stem  thermometer  be  less 
than  0.4  mm.  The  minimum  permissible  interval 
between  graduation  marks  for  an  enclosed-scale 
thermometer  is  0.3  mm  if  the  lines  are  ruled  on  a 
milk-glass  scale;  for  other  scales  the  minimum  is 
0.4  mm.  The  minimum  in  no  case  represents 
good  design,  and  well-designed  thermometers  will 
have  graduation  intervals  considerably  larger  than 
the  specified  minimum. 

In  order  that  a  thermometer  scale  be  usable 
over  its  entire  range,  graduation  marks  must  not 
be  placed  too  close  to  any  enlargement  in  the 
capillary.  Insufficient  immersion  of  the  mercury 


in  the  main  bulb  or  a  capillary  enlargement, 
graduation  marks  placed  over  parts  of  the  capillary 
that  have  been  changed  by  manufacturing  opera¬ 
tions,  or  graduations  so  close  to  the  top  of  the 
thermometer  that  excessive  gas  pressure  results 
when  the  mercury  is  raised  to  this  level,  may  lead 
to  appreciable  errors.  The  following  distances 
between  graduations  and  the  bulb  and  between 
graduations  and  enlargements  in  the  bore  are 
considered  as  minimum  limits  for  thermometers 
acceptable  for  certification: 

(a)  A  13-mm  length  of  unchanged  capillary 
between  the  bulb  and  the  lowest  graduation,  if 
the  graduation  is  not  above  100°  C  (212°  F);  a 
30-mm  length  if  the  graduation  is  above  100°  C 
(212°  F). 

(b)  A  5-mm  length  of  unchanged  capillary 
between  an  enlargement  and  the  graduation  next 
below,  except  at  the  top  of  the  thermometer. 

(c)  A  10-mm  length  of  unchanged  capillary 
between  an  enlargement,  other  than  the  bulb,  and 
the  graduation  next  above,  if  the  graduation  is 
not  above  100°  C  (212°  F);  a  30-mm  length  if  the 
graduation  is  above  100°  C  (212°  F). 

(d)  A  10-mm  length  of  unchanged  capillary 
above  the  highest  graduation,  if  there  is  an  expan¬ 
sion  chamber  at  the  top  of  the  thermometer;  a 
30-mm  length  if  there  is  no  expansion  chamber. 
For  the  purposes  of  this  requirement,  “an  expan¬ 
sion  chamber”  is  interpreted  as  an  enlargement 
at  the  top  end  of  the  capillary  bore  which  shall 
have  a  capacity  equivalent  to  not  less  than  20  mm 
of  unchanged  capillary. 

5.4.  Reference  Point  on  Scale 

To  be  acceptable  for  certification,  thermometers 
graduated  above  150°  C  or  300°  F,  or  precision 
thermometers  to  be  certified  to  an  accuracy  better 
than  0.1°  C  or  0.2°  F,  when  calibrated  for  the 
measurement  of  actual  temperatures  rather  than 
temperature  differences,  must  have  a  reference 
point  at  which  the  thermometer  can  be  conveni¬ 
ently  retested  from  time  to  time.  From  these 
reference-point  tests,  the  effects  of  changes  in 
bulb  volume  on  the  thermometer  indications  may 
be  followed  throughout  the  life  of  the  thermometer, 
and  the  proper  corrections  applied  at  any  time. 
If  no  suitable  reference  point  such  as  the  ice  or 
steam  point  is  included  in  the  range  of  the  main 
scale,  a  short  auxiliary  scale  including  a  fixed 
point  shall  be  provided.  To  avoid  making  the 
thermometer  unduly  long,  an  enlargement  in  the 
capillary  may  be  introduced  between  the  auxiliary 
scale  and  the  main  scale.  The  graduations  on  an 
auxiliary  scale  must  extend  for  a  short  interval 
both  above  and  below  the  reference  point.  Simi¬ 
larly,  when  the  main  scale  ends  near  a  temperature 
to  be  used  as  a  reference  point,  the  graduations 
must  be  continued  for  a  short  interval  above  or 
below  the  reference  point  as  the  case  may  be. 

Any  auxiliary  scale  must  have  graduations 
identical  to  those  of  the  main  scale,  both  dimen¬ 
sionally  and  in  terms  of  temperature. 
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Reference  points  are  not  required  on  thermom¬ 
eters  certified  for  differential  measurements  (cal¬ 
orimetric,  gas  calorimetric,  etc.),  nor  on  ther¬ 
mometers  not  graduated  above  150°  C  or  300°  F, 
if  these  are  not  to  be  certified  to  an  accuracy 
better  than  0.1°  C  or  0.2°  F. 

5.5.  Marking  of  Partial-Immersion 
Thermometers 

Partial-immersion  thermometers  will  not  be 
certified  unless  plainly  marked  “partial  immer¬ 
sion’’,  or  its  equivalent  (for  example,  “76-mm  im¬ 


mersion”),  and  unless  a  conspicuous  line  is  en¬ 
graved  on  the  stem  to  indicate  the  depth  to  which 
the  thermometer  is  to  be  immersed.  This  mark 
must  not  in  any  case  be  less  than  13  mm  above  the 
lop  of  the  bulb.  Special  partial -immersion  ther¬ 
mometers  adapted  to  instruments  which  fix 
definitely  the  manner  of  use  (for  example,  viscom¬ 
eters  and  Hash-point  testers  in  which  the  ther¬ 
mometer  is  held  in  a  ferrule  or  other  mounting 
fitting  the  instrument)  need  not  be  marked, 
although  even  in  these  cases  it  is  desirable  that 
the  thermometers  be  marked  “partial  immersion”. 


6.  Common  Types  of  Thermometers  and  Factors  Affecting  Their  Use 


In  this  section  the  more  common  types  of  high- 
grade  thermometers  are  mentioned  briefly  with  a 
discussion  of  some  of  the  factors  affecting  their 
use. 

Tolerances  allowed  by  the  Bureau  in  issuing 
certificates  are  given  in  the  tables  for  individual 
types  of  thermometers.  The  values  of  these 
tolerances  are  the  same  as  those  given  in  the  fourth 
edition  of  Circular  8  (1926).  The  accuracy  bounds 
shown  in  the  tables  may  seem  broad  in  some  in¬ 
stances,  but  the  definite  limitations  of  liquid-in¬ 
glass  thermometry  become  apparent  when  all 
factors  are  considered.  For  example,  if  one  keeps 
expanding  the  scale  for  more  precise  reading  by 
reducing  the  capillary-bore  diameter,  a  practical 
limit  is  reached  beyond  which  capillary  forces  will 
prevent  a  smooth  advance  or  retreat  of  the  mer¬ 
cury  column.  Particularly  with  a  slowly  falling 
temperature,  the  movement  of  the  mercury 
meniscus  may  be  found  to  occur  erratically  in 
steps  appreciably  large  in  comparison  to  the  grad¬ 
uation  interval.  If  the  mercury  and  glass  are 
clean,  no  significant  sticking  of  the  mercury 
column  should  occur  if  the  diameter  of  the  bore 
of  circular  cross  section  is  at  least  0.1  mm.  Ex¬ 
cessively  elliptical  or  flattened  bores  are  not  rec¬ 
ommended.  It  is  evident  from  the  above  that- 
increasing  the  length  of  a  degree  on  the  scale,  for 
practical  bulb  sizes,  improves  thermometric  per¬ 
formance  to  a  certain  point  only,  beyond  which 
the  precision  of  reading  may  readily  be  mistaken 
for  accuracy  in  temperature  measurement. 

In  addition,  other  factors  such  as  ice-point 
changes,  unless  exactly  accounted  for,  and  dif¬ 
ferences  in  external  pressure  may  account  for 
inaccuracies  much  greater  than  the  imprecision 
with  which  a  scale  having  0.1-  or  0.2-degree 
graduations  may  be  read. 

6.1.  Total-Immersion  Thermometers 

Thermometers  pointed  and  graduated  by  the 
manufacturer  to  read  correct,  or  nearly  correct, 
temperatures  when  the  bulb  and  entire  liquid 
index  in  the  stem  are  exposed  to  the  temperature 
to  be  measured  are  known  as  “total-immersion” 
thermometers.  While  these  thermometers  are 


designed  for  complete  immersion  of  all  the  mer¬ 
cury,  it  is  not  necessary,  and  in  some  cases  not 
desirable,  that  the  portion  of  the  stem  above  the 
meniscus  be  immersed.  The  heating  of  this  por¬ 
tion  to  high  temperatures  might  cause  excessive 
gas  pressures  resulting  in  erroneous  readings  if  not 
permanent  damage  to  the  bulb. 

In  practice  a  short  length  of  the  mercury  col¬ 
umn  often  must  be  left  emergent  from  the  bath 
(or  region)  so  that  the  meniscus  will  be  visible 
when  the  temperature  is  being  measured.  If  a 
large  enough  temperature  difference  exists  be¬ 
tween  the  bath  and  its  surroundings,  an  appreci¬ 
able  temperature  gradient  may  be  found  in  the 
thermometer  stem  near  the  surface  of  the  bath  for 
which  a  correction  to  the  thermometer  reading 
may  be  required.  The  condition  becomes  more 
serious  when  a  thermometer  designed  and  cali¬ 
brated  for  total  immersion  is  intentionally  used  at 
partial  immersion,  that  is  with  a  significant  por¬ 
tion  of  the  liquid  column  at  a  temperature  dif¬ 
ferent  from  that  of  the  bath.  The  reading  will  be 
too  low  or  too  high  depending  upon  whether  the 
surrounding  temperature  is  lower  or  higher  than 
that  of  the  bath.  For  a  total-immersion  ther¬ 
mometer  so  used,  an  emergent  stem  correction 
must  be  determined  and  applied  in  addition  to  the 
calibration  corrections.  The  correction  may  be 
as  large  as  20  Celsius  degrees  (36  Fahrenheit  de¬ 
grees)  if  the  length  of  emergent  liquid  column  and 
the  difference  in  temperature  between  the  bath 
and  the  space  above  it  are  large. 

A  method  for  determining  this  correction  is 
given  in  section  10.2. 

The  scale  tolerances  allowed  in  awarding 
certificates  to  total-immersion  thermometers  are 
given  in  tables  1  and  2.  These  tolerances  are 
based  on  the  fact  that  in  the  manufacture  of 
thermometers  certain  small  errors  in  pointing 
and  graduation  are  inevitable,  and  also  that  the 
indications  of  thermometers  are  subject  to  varia¬ 
tions  due  to  the  inherent  properties  of  the  glass. 
The  tolerances  must  be  sufficiently  rigid  to  insure 
to  the  user  a  satisfactory  high-grade  thermometer 
and  at  the  same  time  must  not  be  so  rigid  as  to 
cause  undue  manufacturing  difficulties. 
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Table  1.  Tolerances  for  Celsius  total-immersion  mercury 
thermometers 


Temperature  range  in 
degrees 

Graduation 
interval  in 
degrees 

Toler- 
ance  in 
degrees 

Accuracy  in 
degrees 

Correc¬ 
tions 
stated  to 

Thermometers  not  graduated  above  150°  C 

°  C 

0  up  to  150-  .  ..  . 

1. 0  or  0. 5 

0.5 

0. 1  to  0.  2 

0. 1 

0  up  to  150 _  - 

.2 

.4 

.  02  to  .  05 

.02 

0  up  to  100-  -  -  -- 

.  1 

.3 

.  01  to  .  03 

.01 

Thermometers  not  graduated  above  300°  C 

0  up  to  100 _ 

J  1.0  or  0.5 

r  o.5 

0.  1  to  0.  2 

0. 1 

Above  100  up  to  300  _ 

1  1.0 

.2  t.0  .3 

.  1 

0  up  to  100- 

1  0.4 

.  02  to  .  05 

.02 

Above  100  up  to  200  . 

/ 

l  .5 

.  05  to  .1 

.02 

Thermometers  graduated  above  300°  C 

0  up  to  300 _ 

2.0 

/  2.0 

0.  2  to  0.  5 

0.2 

Above  300  up  to  500  . 

\  4.0 

.5  to  1. 

.2 

0  up  to  300 _ 

J  1.0  or  0.5 

f  2.0 

.  1  to  0.  5 

.  1 

Above  300  up  to  500  . 

l  4.0 

.  2  to  .5 

.  1 

Table  2.  Tolerances  for  Fahrenheit  total  immersion 

mercury  thermometer 

8 

Temperature  range  in 

Graduation 

Toler- 

Accuracy  in 

Correc- 

degrees 

interval  in 
degrees 

ance  in 
degrees 

degrees 

tions 
stated  to 

Thermometers  not  graduated  above  300°  F 

32  up  to  300 -.  _ 

2  0 

1.0 

0.2  to  0.5 

0.2 

32  up  to  300- 

1.0  or  0.5 

1.0 

.1  to  .2 

.  1 

32  up  to  212 _ 

.  2  or  .1 

0.5 

.  02  to  .  05 

.02 

Thermometers  not  graduated  above  600°  F 

32  up  to  212. . 

|  2  or  1 

f  1.0 

0. 2  to  0. 5 

0.2 

Above  212  up  to  600  - 

l  2.0 

.5 

2 

Thermometers  graduated  above  600°  F 

32  up  to  600-  -  -  - 

} 

/  4.0 

0.5  to  1.0 

0.  5 

Above  600  up  to  950  _ 

1  7.0 

1.  to  2.0 

.5 

32  up  to  600- . 

J  2  or  1 

1  3.0 

0.  2  to  1.  0 

2 

Above  600  up  to  950.. 

1  (>.() 

.  5  to  1.  0 

.2 

In  addition  to  the  requirements  shown  in  the 
tables,  the  error  in  any  temperature  interval 
must  not  exceed  5  percent  of  the  nominal  value 
of  the  interval.  The  intent  of  this  requirement 
is  to  eliminate  thermometers  having  large  cor¬ 
rections  of  alternating  signs. 

Tables  1  and  2  also  give  suitable  values  for  the 
subdivisions,  the  accuracy  which  may  be  expected, 
and  the  decimal  figure  to  which  the  calibration 
corrections  are  stated  for  thermometers  that  have 
the  ranges  shown.  The  word  “accuracy”  used 
in  these  tables  refers  to  the  best  values  attainable 
in  the  use  of  the  thermometer  when  all  corrections 
are  applied.  The  final  columns  state  the  magni¬ 
tudes  to  which  the  corrections  are  given  for  ther¬ 
mometers  calibrated  by  the  Bureau.  They  are 
stated  to  somewhat  higher  accuracy  than  can  be 
attained  with  certainty  in  calibrating  the  ther¬ 
mometers.  This  is  done  because  it  is  preferable 
to  give  the  corrections  as  found,  since  the  results 


actually  obtained  are  the  best  that  can  be  deduced 
for  the  tests,  and  any  rounding  off  might  intro¬ 
duce  an  additional  uncertainty. 

6.2.  Partial-Immersion  Thermometers 

In  many  instances  it  is  required  to  measure  tem¬ 
peratures  under  conditions  where  it  is  incon¬ 
venient  or  impossible  to  use  a  liquid-in-glass 
thermometer  at  total  immersion.  For  such  uses 
partial-immersion  thermometers  are  designed  with 
scales  graduated  to  indicate  true  temperatures 
when  the  thermometers  are  immersed  to  specified 
depths.  No  stem  temperature  correction  is  neces¬ 
sary,  therefore,  when  these  thermometers  are  used 
with  the  same  depth  of  immersion  and  emergent- 
stem  temperature  for  which  they  are  calibrated. 
Unless  otherwise  stated,  each  certificate  of  cali¬ 
bration  issued  by  the  Bureau  gives  corrections 
that  apply  for  the  temperatures  prevailing  above 
the  comparison  baths.  When  such  a  thermometer 
is  to  be  used  with  a  different  stem  temperature, 
the  necessary  emergent  stem  correction  may  be 
calculated  as  shown  in  section  10.3. 

The  accuracy  attained  with  this  type  of  ther¬ 
mometer  will  usually  be  significantly  less  than  that 
possible  with  total-immersion  thermometers.  This 
is  particularly  the  case  when  partial-immersion 
thermometers  are  used  with  stem  temperatures 
greatly  different  than  the  temperature  being, 
measured.  An  unsteady  or  irreproducible  en¬ 
vironment.  surrounding  the  emergent  stem,  to¬ 
gether  with  the  inherent  difficulty  of  estimating  or 
measuring  the  emergent-stem  temperature  with 
sufficient  accuracy,  can  contribute  markedly  to 
the  uncertainty  of  a  given  thermometer  indication. 
For  this  reason  tables  3  and  4  show  that  accuracies 
expected  of  partial-immersion  thermometers  are 
not  so  high  as  those  for  total-immersion  ther¬ 
mometers  nor  are  the  calibration  corrections  stated 
so  closely. 


Table  3.  Tolerances  for  Celsius  pai tial-immersion  mer¬ 
cury  thermometers 


Temperature  range  in 
degrees 

Graduation 
interval  in 
degree's 

Toler¬ 
ance  in 
degrees 

Accuracy  a  in 
degrees 

Correc¬ 
tions 
stated  to 

Thermometers  not  graduated  above  150°  C 

0  up  to  150 _ 

1. 0  or  0.  5 

1.0 

0. 1  to  0.  5 

0. 1 

Thermometers  not  graduated  above  300°  C 

0  up  to  100- .  _ 

1.0 

1.0 

0. 1  to  0.  3 

0. 1 

Above  100  up  to  300  - 

1.0 

1.  5 

.  5  to  1.0 

.2 

Thermometers  graduated  above  300°  C 

0  up  to  300.. _ 

f  2.5 

0.  5  to  1. 0 

0.  5 

Above  300  up  to  500-  _ 

\  5.0 

1. 0  to  2.  0 

.  5 

»  The  accuracies  shown  are  attainable  only  if  emergent  stem  temperatures 
are  closely  known  and  accounted  for. 
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Table  4.  Tolerances  for  Fahrenheit  partial-immersion 
mercury  thermometers 


Temperature  range  in 

Graduation 

Toler- 

Accuracy  in 

Corrcc- 

degrees 

interval  in 

ance  in 

degrees 

tions 

degrees 

degrees 

stated  to 

Thermometers  not  graduated  above  300°  F 

32  up  to  300 _  .  - 

2. 0  or  1. 0 

2.0 

0.  2  to  1.  0 

0.  2 

Thermometers  not  graduated  above  000°  F 

32  up  to  212 _  ..  . 

2.  0  or  1. 0 

2.0 

0.  2  to  0.  5 

0.  2 

Above  212  up  to  600... 

2.  0  or  1.  0 

3.0 

1.  0  to  2.  0 

.  5 

Thermometers  graduated  above  600°  F 

32  up  to  600  -  -  .  _ 

}  5.  0  or  2.  0 

/  5.0 
l  10.0 

1.  0  to  2.  0 

1.0 

A  bo  ve  600  up  to  950 _  _  . 

2.  0  to  3.  0 

1.0 

6.3.  Low-Temperature  Thermometers 

The  lowest  temperature  to  which  a  mercury- 
filled  thermometer  can  be  used  is  limited  by  the 
freezing  point  of  mercury  at  about  —38.9°  C 
(—38.0°  F).  This  limit  may  be  extended  to  con¬ 
siderably  lower  temperatures,  however,  by  alloy¬ 
ing  thallium  with  the  mercury.  The  eutectic 
alloy  of  8.5  percent  of  thallium  by  weight  has  a 
freezing  point  of  —59°  C  and  is  used  successfully 
in  thermometers  for  temperatures  down  to  about 
—  56°  C.  The  freezing  temperature  of  the  alloy  is 
critically  affected  in  the  neighborhood  of  the 
eutectic  by  the  amount  of  thallium  present. 
Small  differences  in  composition,  resulting  in 
either  too  much  or  too  little  thallium,  have  the 
effect  of  markedly  raising  the  freezing  point  of  the 
alloy.  It  is  therefore  somewhat  difficult  to 
achieve  the  lowest  freezing  temperature  in  prac¬ 
tice.  In  addition,  some  thermometers  with  this 
filling  have  been  found  to  behave  erratically  in  the 
range  of  about  two  degrees  above  the  freezing 
point.  For  these  reasons  thermometers  of  this 
type  probably  should  not  be  used  below  —56°  C 
(-68.8°  F). 

Other  low-temperature  thermometers  are  com¬ 
monly  filled  with  organic  liquids.  While  not  con¬ 
sidered  to  be  as  reliable  as  mercury-thallium-filled 
thermometers,  they  serve  to  extend  the  range 
below  —56°  C.  Some  of  these  liquids  are  used  as 
low  as  -200°  C  (-328°  F). 

Alcohol,  toluene,  and  pentane  have  all  been 
used  as  fluids  for  low-temperature  thermometers. 
All  of  these  fluids,  however,  have  limitations  of  one 
kind  or  another,  but  their  performance  can  be 
improved  for  some  uses  by  admixing  other  liquids. 
Other  organic  liquids,  alone  or  in  mixtures,  have 
been  found  by  some  manufacturers  to  show  better 
characteristics  for  particular  applications. 

All  of  these  organic  liquids  have  the  disad¬ 
vantage  of  wetting  the  bore  of  the  thermometer 
tubing  which  may  lead  to  significant  error  in  the 
indications  of  such  thermometers  if  sufficient  pre¬ 
cautions  are  not  taken.  Any  liquid  that  wets  the 
tube  will  leave  a  film  on  the  wall  as  the  meniscus 


falls,  the  thickness  of  the  film  being  dependent 
among  other  things  on  the  viscosity  of  the  liquid, 
the  interfacial  action  between  the  liquid  and  glass, 
and  the  rate  at  which  the  thermometer  is  cooled. 
Where  possible  the  rate  of  cooling  should  be  slow 
with  the  bulb  cooled  first.  In  this  way  the  vis¬ 
cosity  of  the  part  of  the  filling  fluid  in  the  ther¬ 
mometer  bore  is  kept  as  low  as  possible  until  the 
final  temperature  is  reached,  thus  minimizing  the 
amount  of  liquid  left  behind  on  the  wall.  Even 
so,  sufficient  time  should  be  allowed  for  drainage 
from  the  wall  to  be  essentially  completed.  Under 
adverse  conditions  it  may  take  a  very  long  time, 
an  hour  or  more,  before  the  effect  of  drainage  is  no 
longer  noticeable. 

In  addition  to  having  good  drainage  character¬ 
istics,  a  satisfactory  low-temperature  fluid  should 
be  free  of  water,  dirt,  or  other  foreign  material 
which  will  crystallize  or  otherwise  separate  out  at 
temperatures  for  which  the  thermometer  is  gradu¬ 
ated.  Furthermore,  low-temperature  thermome¬ 
ters  are  frequently  designed  for  use  up  to  room 
temperature  or  above.  In  these  cases  the  vapor 


Table  5.  Tolerances  for  low-temperature  total-immersion 
thermometers 


Temperature 
range  in 
degrees 

Type  of 
thermometer 

Gradu¬ 
ation 
interval 
in  degrees 

Toler¬ 
ance  in 
degrees 

Accuracy 
in  degrees 

Cor¬ 
rections 
stated  to 

Celsius  thermometers 

-35  to  0..*. 

Mercury _ 

1  or  0.  5 

0.  5 

0.  1  to  0.  2 

0. 1 

—35  to  0  .. 

.  do 

.  2 

.  4 

.  02  to  .  05 

.  02 

—  56  to  0 _ 

Mercury- 

.  5 

.  5 

.1  to  .2 

.  1 

thallium. 

—  56  to  0 _ 

_ do _ 

.  2 

.4 

.02  to  .05 

.02 

-200  to  0— 

Organic  liq- 

1.0 

.  2 

.2  to  .5 

.  1 

uid. 

Fahrenheit  thermometers 

-35  to  32... 

Mercury. .. 

1  or  0.  5 

1.0 

0.  1  to  0.  2 

0. 1 

-35  to  32... 

...do  ... 

.  2 

0.  5 

.  05 

.  02 

-69  to  32.  _. 

Mercury- 

1  or  .5 

1.0 

.1  to  .2 

.  1 

thallium. 

-69  to  32 

_  _do 

.  2 

0.  5 

.  05 

.  02 

-328  to  32.. 

Organic  liq- 

2  or  1.  0 

3.0 

.3  to  .5 

.  2 

uid. 

Table  6.  Tolerances  for  low-temperature  partial-immersion 
thermometers 


Temperature 
range  in 
degrees 

Type  of 
thermometer 

Graduation 
interval  in 
degrees 

Toler¬ 
ance  in 
degrees 

Accuracy 
in  degrees 

Cor¬ 
rections 
stated  to 

Celsius  thermometers 

1  1  1 

S 

c  o  o 
o  o  o 

Mercury. .. 
Mercury- 
thallium. 
Organic  liq¬ 
uid. 

1. 0  or  0.  5 

1. 0  or  .5 

1.0 

0.5 
.  5 

3.0 

0.  2  to  0.  3 
.  2  to  .3 

.  4  to  1.  0 

0. 1 
.  1 

.  2 

Fahrenheit  thermometers 

-35  to  32... 
—69  to  32... 

-130  to  32.. 

Mercury. .. 
Mercury- 
thallium. 
Organic  liq¬ 
uid. 

1.  0  or  0.  5 
1.0  or  .5 

2  or  1 

1 

1 

5 

0.  3  to  0.  5 
.3  to  .5 

.  8  to  2.  0 

0. 1 
.  1 

.5 
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pressure  of  the  filling  liquid  becomes  important.. 
A  low  vapor  pressure  is  necessary  to  prevent 
distillation  of  the  liquid  at  the  higher  tempera¬ 
tures.  Any  dye  added  to  improve  the  visibility  of 
the  thermometer  liquid  should  be  chosen  for  good 
color  fastness  with  respect  to  light  exposure  or 
chemical  action  with  the  thermometer  liquid. 

Tolerances  applicable  to  low-temperature  ther¬ 
mometers  are  given  in  tables  5  and  0. 

6.4.  Beckmann  Thermometers 

A  metastatic  or  Beckmann  thermometer  is 
usually  of  the  enclosed-scale  type,  so  constructed 
that  portions  of  the  mercury  may  be  removed  from, 
or  added  to,  the  bulb  permitting  the  same  ther¬ 
mometer  to  be  used  for  differential  measurements 
in  various  different  temperature  ranges.  The 
scales  are  kept  short,  usually  0  degree  to  5  or  6 
degrees  C,  although  some  so-callecl  micro  types 
have  a  scale  of  only  about  3  degrees  C.  The 
“setting”  of  such  a  thermometer  refers  to  the  tem¬ 
perature  of  the  bulb  when  the  reading  is  0°  on 
the  scale.  When  the  setting  is  changed  to  allow 
for  use  at  <a  higher  or  lower  temperature,  the  quan¬ 
tity  of  mercury  affected  by  a  temperature  change  is 
different.  It  follows  that  two  equal  changes  in 
temperature  at  different  settings  cause  different 
indications  on  the  scale.  Therefore  a  “setting 
factor”  must  always  be  used  to  convert  reading- 
differences  into  true  temperature  differences  when¬ 
ever  the  thermometer  is  used  at  any  setting  dif¬ 
ferent.  from  the  one  at  which  its  scale  was  cali¬ 
brated.  These  setting  factors  combine  corrections 
for  the  different  changes  in  volume  of  different 
quantities  of  mercury  during  equal  temperature 
changes,  and  the  difference  between  the  mercury- 
in-glass  scale  and  the  International  Temperature 
Scale. 

Table  7  lists  setting  factors  calculated  for  ther¬ 
mometers  of  Jena  16m  glass,  or  its  American 
equivalent.,  Corning  normal.  The  scale  calibra¬ 
tions  for  Beckmann  thermometers  as  reported  by 
the  Bureau  are  applicable  to  a  setting  of  20°  C, 
and  the  factor  is  consequently  1.0000  at  this  tem¬ 
perature.  For  a  setting  of  any  other  temperature 
the  observed  temperature  difference  must  be  multi¬ 
plied  by  the  appropriate  factor  from  the  table. 
An  illustrative  example  is  given  below  the  table. 

In  a  common  design  of  the  Beckmann  thermom 
eter  the  large  bulb  is  joined  to  the  fine  capillary, 
backed  by  the  milk-glass  scale,  by  a  capillary  of 
much  larger  diameter.  When  such  an  instrument 
is  used  at  partial  immersion  this  large  capillary  is 
a  source  of  some  uncertainty,  since  the  tempera¬ 
ture  of  this  relatively  large  quantity  of  mercury, 
enclosed  in  the  glass  case,  cannot  be  actually 
measured.  When  an  estimate  can  be  made  of  the 
temperature  of  the  emergent  stem,  however,  a 
correction  may  be  calculated  as  described  in 
section  10.5. 

Tolerance  requirements  for  the  certification  of 
Beckmann  thermometers  arc  given  in  table  8. 


Table  7.  Setting  J 'actors  for  Beckmann  thermometers 


Sotting 

F actor 

Setting 

Factor 

°C. 

°C. 

0 

0.  9934 

55 

1. 0096 

5 

.  9952 

(’>() 

1.0107 

10 

.  9969 

05 

1.0118 

15 

.  9985 

70 

1.  0129 

20 

1.0000 

75 

1.  0139 

25 

1. 0015 

80 

1.  0148 

30 

1.0030 

85 

1.0157 

35 

1.  0044 

90 

1.0105 

40 

1.  0058 

95 

1.0172 

45 

1.0071 

100 

1.  0179 

50 

1.  0084 

As  an  illustration,  suppose  the  following  observa¬ 
tions  were  made: 

Setting = 25°  C .  Lower  reading  =  2. 058° 

Stem  tempera-  Upper  reading=5. 127° 
ture=24° 

Lower  Upper 

Observed  reading  =  2.058  5.127 

Correction  from  certificate = +0. 005  —0. 008 


Corrected  upper  reading=  5. 119 
Corrected  lower  reading  =  2.063 


Difference  =  3.056 
Difference  multiplied  by  setting  fac¬ 
tor  (1.0015)=  3.061 
Emergent  stem  correction  (see  ac¬ 
companying-stem  correction  sheet)  =  +.  004 
Corrected  difference=  3.065 


Under  the  heading  “Accuracy  of  interval  in 
degrees”  is  given  the  estimated  accuracy  attain¬ 
able  in  the  measurement  of  any  interval  within 
the  limits  of  the  scale. 

No  tolerances  for  scale  error  are  given  although 
it  is  desirable  that  the  scale  error  be  small. 


T  \blk  8.  Tolerances  for  Beckmann  and  calorimeter 
thermometers 


Type  of 
thermometer 

Gradua¬ 
tion  in¬ 
terval  in 
degrees 

Allowable  change 
in  correction  in 
degrees 

Accuracy  of 
interval  in 
degrees 

Correc¬ 

tions 

stated 

to 

Beckmann.  __ 

0.  01°  C 

0.02  over  a  1°  in¬ 
terval  for  setting 
of  20°  C. 

0. 002  to  0. 005 

0. 001 

Bomb  calori¬ 
meter. 

.01°  C 

0.03  over  a  2°  in¬ 
terval. 

.  005  to  .  01 

.002 

Do _ 

.02°  C 

0.03  over  a  2°  in¬ 
terval. 

.005  to  .01 

.002 

Do _ 

.05°  F 

0.08  over  a  5°  in¬ 
terval. 

.01  to  .02 

.005 

Gas  calori¬ 
meter. 

.  1°  F 

0.15  over  a  5°  in¬ 
terval. 

.02  to  .05 

.02 

6.5."  Calorimeter  Thermometers 

Calorimeter  thermometers  include  a  specialized 
group  of  etched-stem  mercury-in-glass  thermom¬ 
eters  which  are  used  for  accurate  differential  meas¬ 
urements.  Since,  in  the  use  of  these  thermom¬ 
eters,  the  accuracy  at  any  one  temperature  is  of 
less  importance  than  the  accuracy  of  the  tempera¬ 
ture  intervals,  no  reference  point  is  required  for 
certification. 

Table  8  gives  the  scale  tolerances  required  of 
some  typical  calorimeter  thermometers.  No  toler¬ 
ances  for  scale  error  are  given  although  it  is 
desirable  that  the  scale  corrections  be  small. 
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6.6.  Clinical  Thermometers 

Clinical,  or  medical,  thermometers  are  small 
maximum-reading  thermometers  used  in  measur¬ 
ing  body  temperatures.  In  this  country  they  are 
usually  graduated  in  degrees  Fahrenheit,  and  the 
range  covers  about  10  to  16  degrees  Fahrenheit, 
from  at  least  96°  to  106°  F.  When  graduations 
arc  in  degrees  Celsius,  the  range  usually  covers 
6  to  9  degrees  Celsius,  from  at  least  35°  to  41°  C. 
The  bulb,  made  of  a  suitable  grade  of  thermometer 
glass,  has  the  least  volume,  that  is,  the  least  heat 
capacity  consistent  with  a  reasonably  steady 
motion  of  the  mercury  along  the  very  fine  capillary 
of  the  lens  front  tubing.  A  constriction  above 
the  bulb  formed  by  collapsing  a  bubble  blown  in 
the  capillary  permits  the  expanding  mercury  to 
pass  when  the  bulb  is  being  warmed,  but  is  “tight” 


enough  to  prevent  the  retreat  of  the  mercury 
after  the  warming  ceases.  At  the  same  time,  the 
constriction  must  he  “loose”  enough  so  that  the 
mercury  can  be  shaken  down  by  hand  or  by 
whirling  in  a  suitable  centrifuge. 

In  order  to  accurately  indicate  the  temperature 
of  the  body,  the  thermometer  must  be  left  in 
place  for  a  time  sufficiently  long  for  all  the  mercury 
to  reach  the  body  temperature.  For  most  ther¬ 
mometers  this  requires  3  min  or  more. 

Clinical  thermometers  submitted  to  the  Bureau 
are  usually  tested  for  compliance  with  Commercial 
Standard  CSl-52.  Thermometers  meeting  the 
requirements  of  this  specification  are  marked 
NBS  followed  by  a  two-digit  number  indicating 
tne  year  in  which  the  test  was  made.  A  note 
explaining  the  certification  is  issued  with  each 
thermometer  certified. 


7.  Number  and  Choice  of  Test  Points 


In  calibrating  a  thermometer,  corrections  to  its 
indications  must  be  determined  at  a  number  of 
test  points  sufficient  to  give  reasonable  assurance 
that  the  corrections  between  test  points  can  be 
reliably  obtained  by  interpolation.  In  general,  if 
the  readings  of  a  thermometer  are  to  to  he  trusted 
to  one-  or  two-tenths  of  the  smallest  scale  division, 
the  interval  between  test  points  should  not  exceed 
100  divisions  and  usually  need  not  be  less  than  40. 
If,  for  example,  a  thermometer  is  graduated  in 
0.1°  intervals,  and  the  correction  at  20°  is  +0.07° 
and  at  25°  it  is  +0.12°,  the  correction  at  22°  may 
be  taken  as  +0.09°  with  considerable  confidence 
as  to  its  correctness.  If  interpolation  between  test 
points  from  40  to  100  divisions  apart  on  any 
particular  thermometer  are  considered  untrust¬ 
worthy,  it  is  better  to  discard  the  thermometer 
and  obtain  one  which  is  worthy  of  confidence. 

Occasionally  requests  are  received  for  tests  of 
thermometers  graduated  in  1-  or  2-degree  intervals 
at  a  series  of  points  only  1  or  2  degrees  apart. 
In  general  such  requests  are  declined,  since  the  extra 
work  involved  would  not  improve  the  accuracy 
of  the  calibration.  In  another  case,  a  request  may 
call  for  test  at  only  two  points  on  a  long  scale. 
If  the  thermometer  is  to  be  used  only  at  or  near 
these  points,  such  a  test  may  serve  the  purpose 
satisfactorily,  but  a  report  instead  of  a  certificate 


will  be  issued  if  the  number  of  test  points  is 
insufficient  to  justify  the  use  of  the  entire  scale 
of  the  thermometer.  In  no  case  will  a  thermom¬ 
eter  be  tested  at  less  t  han  two  points  on  the  main 
scale  nor  will  test  of  at  least  one  reference  point 
be  omitted  when  such  a  point  (or  points)  is 
included  in  the  scale. 

In  general,  when  a  thermometer  is  to  be  tested 
without  reference  to  any  special  use,  the  choice 
of  test  points  may  well  be  left  to  the  testing 
laboratory.  If  the  thermometer  is  to  be  used  for 
a  special  purpose,  a  knowledge  of  the  use  for  which 
it  is  intended  will  be  useful  to  the  laboratory  in 
choosing  test  points.  The  Bureau  does  not, 
however,  undertake  to  make  tests  at  more  points 
than  in  its  judgment  are  necessary,  although  due 
consideration  will  be  given  special  requests.  In 
some  cases  the  proper  number  and  distribution 
of  test  points  can  be  decided  only  after  a  careful 
inspection  of  the  thermometer,  and  occasionally 
only  after  the  test  has  been  partly  completed. 

For  some  special  types  of  thermometers,  set 
procedures  have  been  established  with  regard  to 
choice  of  test  points.  For  example,  Beckmann 
thermometers  with  scales  3  to  6°  C  long  are 
calibrated  every  degree  and  calorimetric  thermom¬ 
eters  are  calibrated  every  2°  C  or  2.5°  F. 


8.  General  Calibration  Procedures 


At  the  Bureau  all  liquid-in-glass  thermometers 
are  calibrated  in  terms  of  the  International 
Temperature  Scale  as  defined  by  the  indications 
of  the  standard  platinum  resistance  thermometer. 
Indications  of  the  thermometer  under  test  may 
be  compared  directly  with  a  resistance  thermom¬ 
eter,  or  indirectly  through  the  use  of  a  mercury- 
in-glass  standard,  as  the  situation  dictates. 
Through  considerations  of  accuracy,  direct  com¬ 
parisons  are  made  with  Beckmann  thermometers, 
calorimeter  thermometers,  and  thermometers  grad¬ 


uated  in  tenths  of  a  degree  Fahrenheit.  Below 
0°  C,  all  calibrations  are  made  directly  both  for 
convenience  and  accuracy.  Above  316°  C  (600° 
F),  the  platinum  thermometer  is  used  because  of 
its  greater  stability.  All  other  calibrations  are 
generally  made  against  mercury -in-glass  standards 
(listed  in  section  2)  which  have  been  calibrated 
directly  with  a  standard  resistance  thermometer. 

When  comparing  thermometers  with  liquid-in- 
glass  standards  two  standards  are  always  used. 
In  this  way  reading  errors  are  more  readily 
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detected  and  cross  checks  of  the  standards  are 
maintained.  The  comparison  procedures  are 
described  in  simplified  form  in  the  following 
hypothetical  test  of  four  thermometers  (Tl 
through  T4)  which  are  assumed  to  have  been 
found  free  of  gross  defects  such  as  are  discussed  in 
section  5. 

Table  9  shows  the  observations  taken  in 
obtaining  the  corrections  applicable  to  the  ther¬ 
mometers  at  20°.  To  simplify  the  illustration,  all 
of  the  entries  in  the  table  assume  perfect  ther¬ 
mometer  performance  and  no  observer  error. 


Table  9.  Comparison  of  lest  thermometers  with  liquid-in- 
glass  standards 


Ice-point  readings  of  test  thermometers 

SI 

Tl 

T2 

T3 

T4 

S2 

Observer  A . .  __ 

+0.  02 
+.02 

-0.02 

+0.02 
+.  02 

0.00 

Observer  B 

-.02 

0.00 

Mean  ice  points  _ _ 

+.02 

-.02 

+.02 

.00 

Thermometer  comparisons 

Observer  A  reading  left 

to  right-  __  -  _ 

Observer  A  reading 

19.87 

19.  98 

19.  96 

20.02 

20.03 

19.  89 

right  to  left _ 

Observer  B  reading  left 

19.88 

19.  99 

19.  97 

20.03 

20.  04 

19.89 

to  right  . 

Observer  B  reading 

19.88 

19.99 

19.97 

20.04 

20.  05 

19.90 

right  to  left  _  - 

19.  89 

20.00 

19.98 

20.04 

20.05 

19.90 

Means _  -  --  - 

19.88 

19.99 

19.97 

20.03 

20.  04 

19.  895 

Ice-point  readings  of  standards 

Observer  A  .. 

-0.01 

-0.08 

Observer  B  _  _  -  . 

-.01 

_ 

_ 

_ 

-.08 

Mean  ice  points-  _ 

-.01 

— 

— 

— 

— 

-.08 

Calculations  of  corrections 

Correction  to  stand- 

+0.12 

+0.  04 

Mean  temperature, 

each  standard  ..  . 
Mean  temperature  of 

20.01 

— 

— 

— 

— 

20.015 

all  readings _ 

Corrections  to  test 

— 

— 

20.01 

— 

— 

— 

thermometers _ 

— 

+0.02 

+0.  04 

-0. 02 

-0.  03 

The  first  observations  are  the  ice  points  of  the 
thermometers  under  test.  These  are  entered  in 
the  upper  part  of  the  table.  The  thermometers  are 
then  mounted  in  the  comparison  bath  between  the 
two  standards,  and  the  power  to  the  bath  is  so 
adjusted  that  its  temperature  is  slowly  increasing 
at  a  steady  rate.  The  data  shown  in  the  table  are 
for  a  temperature  rise  of  0.001°  between  each  ob¬ 
servation.  Two  observers  (A  and  B)  are  used, 
first  with  one  observer  reading  and  the  other  re¬ 
cording,  and  next  with  the  observers  interchanged. 
Observer  A  reads  in  the  order  left  to  right  as  the 

9.  Testing 

9.1.  Ice  Bath 

Through  the  use  of  an  ice  bath,  the  ice  point 
may  be  realized  conveniently  to  better  than 
0.01°  C.  A  thermos  bottle  or  Dewar  flask  serves 
as  a  container  for  the  ice,  the  melting  of  the  ice 


thermometers  appear  in  the  table  and  then  repeats 
the  observations  in  the  order  right  to  left.  Ob¬ 
server  B  then  immediately  reads  in  the  same 
manner.  The  observations  are  spaced  uniformly 
in  time  so  that  with  the  bath  temperature  increas¬ 
ing  steadily  with  time,  the  mean  of  the  observa¬ 
tions  with  any  one  thermometer  will  correspond  to 
the  mean  temperature  of  the  comparison  bath 
during  the  observations  of  all  of  the  thermometers. 
Immediately  after  the  comparison  observations  ice 
points  are  taken  of  the  two  standards.  Using 
these  ice-point  data  together  with  the  known  scale 
corrections  for  the  standards,  the  temperatures 
indicated  by  the  standards  are  calculated  and  an 
over-all  mean  temperature  for  the  observations  is 
obtained.  This  over-all  mean  temperature  is 
compared  with  the  mean  of  the  observations  with 
a  particular  thermometer  to  obtain  a  correction  to 
the  scale  of  the  thermometer  at  this  point.  The 
thermometer  comparisons  are  then  repeated  at  the 
next  higher  test  point  and  so  on  until  corrections 
are  obtained  at  a  sufficient  number  of  points  to 
calibrate  the  complete  scale,  as  specified  in  sec¬ 
tion  7. 

Ice-point  readings  are  not  usually  taken  with 
each  test  point  on  the  scale.  For  thermometers 
not  graduated  above  300°  C  or  600°  F  ice  points 
taken  before  the  first  test  point  on  the  scale  and 
after  the  last  point  will  usually  suffice.  With 
high-temperature  thermometers,  however,  it  is 
the  practice  to  take  an  ice  point  and  then  test 
immediately  at  the  highest  test  point  on  the  scale. 
After  a  rest  period  of  3  days  at  room  temperature 
a  second  ice  point  is  taken.  If  a  change  in  ice 
point  is  found  that  is  greater  than  the  expected 
accuracy  of  the  thermometer,  the  thermometer  is 
deemed  unsuitable  for  certification  and  further 
tests  are  unnecessary. 

The  corrections  obtained  in  this  manner  apply 
as  long  as  the  ice  point  remains  the  same  as  that 
observed  during  calibration.  Subsequent  changes 
in  the  ice  point  will  be  a  result  of  small  changes 
in  the  glass  which  affect  the  volume  of  the  ther¬ 
mometer  bulb.  The  volume  of  the  capillary  stem 
also  changes,  but  the  volume  of  mercury  contained 
in  the  stem  is  so  small  in  comparison  to  that  in 
the  bulb  that  changes  in  the  stem  volume  can 
usually  be  ignored.  As  a  result,  changes  in  the 
ice-point  reading  will  be  duplicated  by  similar 
changes  in  readings  at  each  point  along  the  scale. 
Thus,  when  during  use  the  correction  at  the  ice 
point  is  found  to  be  higher  (or  lower)  than  that 
observed  at  the  time  of  calibration,  the  other 
reported  corrections  to  the  scale  can  confidently 
be  taken  to  be  higher  (or  lower)  by  the  same 
amount. 

Equipment 

being  retarded  by  the  insulating  properties  of  such 
a  vessel.  Ice  shaved  from  clear  cakes  and  distilled 
water  are  mixed  to  form  a  slush.  Enough  water 
is  used  to  afford  good  contact  with  the  thermom¬ 
eters,  but  not  so  much  as  to  float  the  ice.  From 
time  to  time  excess  water  is  syphoned  from  the 
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bath.  Precautions  are  taken  to  prevent  con¬ 
tamination  of  the  ice  and  water.  A  small  reading 
telescope  with  a  magnification  of  about  10  diam¬ 
eters  aids  in  reading  the  thermometer  indication 
and  reduces  errors  due  to  parallax.  Gently  tap¬ 
ping  the  thermometer  just  before  reading  may 
prevent  the  sticking  of  a  falling  meniscus.  On 
the  other  hand  too  vigorous  a  tap  will  occasionally 
cause  the  mercury  to  rebound  to  an  erroneously 
high  reading. 

9.2.  Steam  Bath 

The  steam  point  may  be  realized  in  a  steam- 
point  apparatus  or  hypsometer  either  by  compar¬ 
ing  the  thermometers  with  standards  or  by  the 
determination  of  the  temperature  of  the  steam 
from  a  measurement  of  the  prevailing  atmospheric 
pressure. 

The  steam  bath  shown  in  figure  3,  consists  of  a 
double-walled  steam  jacket  in  which  steam  from  a 
boiler  circulates.  The  thermometers  are  sus¬ 
pended  in  such  a  manner  as  to  insure  free  circula¬ 
tion  of  steam  around  them.  Provision  is  made 
for  either  relieving  any  excess  pressure  in  the  space 
surrounding  the  thermometers,  or  for  determining 
the  excess  by  means  of  a  small  differential  manom¬ 
eter. 


Figure  3.  Schematic  drawing  of  steam  bath. 


When  the  steam  bath  is  used  as  a  fixed-point 
apparatus  a  barometer  is  a  necessary  accessory 
since  the  true  temperature  of  the  steam  is  depend¬ 
ent  upon  the  prevailing  pressure.  The  usual  cor¬ 
rections  are  applied  to  the  barometer  reading 
including  any  corrections  necessary  for  the  value 
of  local  acceleration  of  gravity,  for  the  difference 
in  height  of  the  steam  bath  and  the  barometer, 
and  for  any  excess  pressure  in  the  hypsometer. 
The  steam  temperature  may  then  be  found  from 
the  pressure-temperature  values  given  in  table  10, 
reproduced  from  a  paper  by  Osborne  and  Meyers 
[2].  With  a  good  barometer,  accurate  to  0.1  mm 
Hg,  this  procedure  is  capable  of  an  accuracy  of 
0.002  to  0.003  degree  C.  The  Fortin  type 
barometer  will  usually  serve  for  all  but  the  most 
exacting  measurements. 

The  steam  bath  is  also  used  as  comparison  bath, 
in  which  case  the  temperature  of  the  steam  is 
determined  at  the  time  of  test  by  means  of  a 
previously  standardized  thermometer.  This 
method  is  simpler  than  determining  the  steam 
temperature  from  a  barometer  reading,  and  may 
be  preferable,  particularly  when  a  resistance 
thermometer  can  be  used  as  the  standard. 

9.3.  Comparison  Baths 

Stirred  liquid  baths  of  two  designs  are  used  at 
the  Bureau  as  comparators  in  which  thermometers 
are  calibrated  in  the  range  —40  to  +500  degrees  C. 
This  equipment  is  of  design  appropriate  to  accom¬ 
modate  the  thermometers  to  be  tested,  to  permit 
stirring  adequate  for  uniform  temperature  distri¬ 
bution,  and  to  provide  for  controlled  heat  input 
for  temperature  regulation. 

A  type  suitable  for  use  with  media  which  do  not 
solidify  at  room  temperature  is  shown  in  figure  4. 
This  bath  [3]  is  constructed  with  two  tubes  of 
different  diameters  having  connecting  passages  at 
the  top  and  bottom.  The  heating  coil,  cooling 
coil  for-  circulating  cold  water  for  comparisons 
below  room  temperature,  and  stirrer  are  located 
in  the  smaller  tube,  the  larger  tube  being  left  clear 
for  immersion  of  the  thermometers. 

The  type  shown  in  figure  5  is  designed  for  use 
at  high  temperatures  with  molten  tin  as  the  bath 
liquid.  The  bath  is  made  with  two  coaxial  tubes 
of  which  the  inner  tube  is  open  at  both  ends. 
The  stirring  propeller  is  mounted  near  the  bottom 
of  the  inner  tube  leaving  the  space  above  the 
propeller  free  to  receive  thermometers  which  are 
inserted  in  reentrant  tubes.  Heat  is  supplied  by 
heater  coils  wound  on  the  outside  tube.  As  is 
also  the  case  with  the  bath  shown  in  figure  4,  the 
thermometers  are  shielded  from  direct  radiation 
from  the  hotter  parts  of  the  bath. 

In  both  types  of  baths  a  2-  or  3-in.  thickness 
of  insulation  reduces  heat  loss  and  thus  aids 
in  maintaining  a  uniform  temperature  distribution 
throughout  the  bath  liquid.  Each  bath  is  pro¬ 
vided  with  an  insulated  cover  carrying  a  ther¬ 
mometer  holder  which  can  be  rotated  to  bring 


167/13 


Table  10.  ( Thermometric )  condensation  temperature  of  steam  [2] 

[Star  (*)  indicates  change  in  integer] 


J‘ 

Pressure 

in  mm  mercury  (standard) 

0 

1 

2 

3 

4 

5 

0 

7  8 

1 

i 

9 

Temperature  in  degrees  of  International  Scale 

500 

88.  078 

0.  730 

0.  782 

0.834 

0.  886 

0.  938 

0.  990 

*0.042 

*0. 093 

*0. 114 

510 

89. 190 

.  247 

.  298 

.  350 

.401 

.  452 

.  502 

.  553 

.  604 

.  655 

520  ' 

0.  705 

.750 

.  800 

.  851  i 

.  907 

.957 

*.007 

*.057 

*.  107 

*.  157 

530 

90. 200 

.  250 

.  300 

.  355 

.  405 

.  454 

.  503 

.  553 

.  002 

.  65 1 

540 

0.  700 

.  749 

.  798 

.846 

.  895 

.  944 

.  992 

*.041 

*.  089 

*.  138 

550 

91. 180 

.  234 

.  282 

.  330 

.378 

.  420 

.474 

.521 

.  566 

.  617 

5G0 

0.  604 

.712 

.  759 

.  800 

.  854 

.  901 

.  948 

.  995 

*.042 

*.089 

570 

92. 130 

.  1X2 

.  229 

.  276 

.322 

.  369 

.  415 

.  462 

.  508 

.  554 

580 

0.  (>0() 

.  046 

.  092 

.738 

.784 

.  830 

.  876 

.  922 

.  967 

*.013 

500 

93.  058 

.  104 

.  149 

.  195 

.  240 

.  285 

.  330 

.  375 

.420 

.  465 

COO 

0.  5100 

.  5548 

.  5996 

.  0443 

.  0889 

.  7335 

.  7780 

.  8224 

.  8668 

.9112 

CIO 

.  9554 

.  9996 

*.  0438 

*.0879 

*.  1319 

*.  1759 

*.  2198 

*.  2630 

*.3074 

*.3511 

020 

94.  3948 

.4384 

.  4820 

.  5255 

.  5089 

.  0123 

.  6556 

.  6989 

.7421 

.7852 

C30 

0.  8283 

.8713 

.9143 

.  9572'”* 

*.0001 
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.2306 
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Figure  4.  Stirred,  bath  for  use  with  liquids  which  do  not 
solidify  at  room  temperature. 


successive  thermometers  into  the  field  of  a  ver¬ 
tically  adjustable  reading  telescope. 

For  calibrations  in  the  range  5  to  99  degrees  C, 
or  40  to  210  degrees  F,  water  is  used  as  the  bath 
liquid.  One  grade  of  petroleum  oil  is  used  be¬ 
tween  99°  and  200°  C  and  a  second  between  200° 
and  :U5°  O.  The  oils  are  chosen  with  properties 
such  that  they  are  not  too  viscous  for  adequate 
stirring  at  the  lower  temperature  and  at  the  same 
time  have  Hash  points  which  are  not  exceeded  at 
the  higher  temperatures.  The  tin  hath  is  used 
from  315°  C  up  to  about  540°  C. 

Calibrations  from  0°  to  — 110°  C  arc  made  in  a 
cryostat  similar  in  essentials  to  that  described  by 
Scott  and  Brickwedde  14].  The  cryostat,  shown 
in  figure  6,  consists  of  an  inner  Dewar  flask,  D, 
which  contains  the  bath,  surrounded  by  liquid 
nitrogen  in  the  outer  Dewar  flask,  C.  The  rate  of 
heat  transfer  between  the  bath  liquid  and  the 
liquid  nitrogen  is  controlled  by  varying  the  gas 
pressure  between  the  walls  of  the  inner  Dewar 
flask,  which  is  connected  to  a  vacuum  system 
through  the  side  tube,  M.  Vigorous  stirring  of 
the  hath  liquid  is  maintained  by  the  propeller,  I, 
which  circulates  liquid  upwards  through  the 
inside  of  the  stirrer  tube,  P,  and  down  the  outside. 
Excess  refrigeration  is  compensated  by  ther¬ 
mostatically  controlled  heat  supplied  by  the 
heater  coil,  J,  wound  outside  the  stirrer  tube. 

For  temperatures  down  to  — 75°  C,  the  bath 
liquid  used  is  the  eutectic  mixture  of  carbon 
tetrachloride  and  chloroform  (49.4  percent,  by 


168/14 


weight,  of  CCI4  and  50.6  percent  of  CHC13),  which 
freezes  at  about  —81°  C.  For  temperatures 
between  —75°  and  —110°  C  a  five-component 
mixture  is  used  containing  14.5  percent  of  chloro¬ 
form,  25.3  percent  of  methyl  chloride,  33.4  percent 
of  ethyl  bromide,  10.4  percent  of  transdichloro- 
ethylene,  and  16.4  percent  of  trichloroethylene. 
This  mixture  freezes  at  about  — 150°  C,  but 
absorbs  moisture  readily  and  becomes  cloudy  at 
somewhat  higher  temperatures. 


Figure  5.  Stirred  bath  suitable  for  use  with  liquids  which 
do  solidfy  at  room  temperature. 


10.  Corrections  for  Emergent  Stem 


The  proper  application  of  scale  corrections  as 
reported  in  NBS  Certificates  and  Reports  pre¬ 
sents  no  difficulties  in  cases  where  thermometers 
are  calibrated  and  used  under  conditions  of  total 
immersion.  In  such  cases  the  temperature  of  the 
thermometer,  including  the  stem  up  at  least  to 


the  top  of  the  mercury  thread,  is  definitely 
specified  and  may  be  readily  reproduced  in  use. 
Instances  may  occur  in  use,  however,  where 
some  part  of  the  mercury  column  is  emergent 
from  the  region  whose  temperature  is  being 
measured.  In  these  cases  the  emergent  part  of 
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the  stem  may  be  in  an  environment  not  only  in 
which  the  temperature  is  markedly  different 
from  that  of  the  thermometer  bulb,  but  in  which 
pronounced  temperature  gradients  may  be  present. 
If  such  a  situation  exists  in  the  use  of  a  ther¬ 
mometer  which  has  been  calibrated  at  total 
immersion,  a  correction  may  be  calculated  to 
account  for  the  difference  in  temperature  between 
the  bulb  and  the  emergent  stem.  The  calculation 
of  this  correction  requires  a  reliable  estimate 
of  the  mean  temperature  of  the  emergent  stem, 
which,  for  the  best  work,  will  be  made  from 
measurements.  But  if  the  stem  temperature 
measurements  are  not  repeated  each  time  the 
thermometer  is  used,  the  accuracy  of  the  correc¬ 
tion  will  depend  upon  the  constancy  of  the  stem 
temperature  over  periods  of  time.  For  example, 
if  the  emergent  stem  is  exposed  to  the  air  above 
a  liquid  bath,  variations  in  ambient  temperature 
and  air  circulation  will  sometimes  cause  significant 
variations  in  the  temperature  of  the  emergent 
stem. 

The  same  situation  can  occur  in  the  case  of 
partial-immersion  thermometers.  For  this  type 
of  thermometer,  the  reported  scale  corrections 
apply  only  for  the  indicated  depth  of  immersion 
and  a  particular  stem  temperature.  If  the 
thermometer  is  then  used  under  conditions  where 
the  mean  stem  temperature  is  different,  the 
reported  scale  corrections  are  not  applicable, 
and  a  stem  temperature  correction  is  required. 

In  the  following  paragraphs  methods  for  de¬ 
termining  stem  temperatures  and  formulas  for 
calculating  the  corrections  are  given.  For  a 
given  known  or  assumed  condition,  the  use  of 
these  formulas  will  serve  to  indicate  the  impor¬ 
tance  of  the  stem  correction  in  relation  to  a 
desired  accuracy,  and  the  corrections  can  then 
be  applied  as  necessary. 

10.1.  Measurement  of  Emergent-Stem 
Temperature 

The  mean  temperature  of  the  emergent  stem 
may  be  measured  approximately  by  means  of 
one  or  more  small  auxiliary  thermometers  sus¬ 
pended  near  the  emergent  stem,  or  more  accu¬ 
rately  by  exposing  an  exactly  similar  stem  and 
capillary  mercury  thread  beside  the  emergent 
stem  and  thus  measuring  its  mean  temperature 
[5].  This  is  conveniently  carried  out  with  a 
faden  thermometer  (“thread  thermometer”)  in 
which  the  expansion  of  the  mercury  in  a  capillary 
tube  (bulb)  is  measured  in  a  still  finer  capillary 
stem. 

The  methods  used  at  NBS  in  calibration  work 
are  based  upon  the  use  of  faden  thermometers 
whenever  possible.  These  thermometers  have 
very  long  bulbs  (5  to  20  cm)  with  wall  thicknesses 
and  bore  sizes  nearly  the  same  as  the  stem  of 
an  ordinary  thermometer.  They  are  calibrated 


to  read  approximately  true  temperatures  when 
immersed  to  the  top  of  the  bulb.  If  a  faden 
thermometer  is  immersed  beside  a  thermometer 
to  be  observed,  to  such  a  depth  that  the  top  of 
the  faden  thermometer  bulb  is  at  the  same  level 
as  the  top  of  the  mercury  column  in  the  ther¬ 
mometer,  the  faden  thermometer  reading  will 
give  approximately  the  mean  temperature  of  the 
adjacent  portion  of  the  thermometer  stem  and 
mercury  thread.  For  example,  a  faden  ther¬ 
mometer  with  a  10-cm  bulb  will  give  the  mean 
temperature  of  the  adjacent  10  cm  of  the  ther¬ 
mometer  stem.  This  method  of  using  the  faden 
thermometer  is  convenient  for  correcting  the 
readings  of  a  total-immersion  thermometer  when 
being  used  at  partial  immersion.  If  the  stem 
temperature  of  a  partial-immersion  thermometer 
is  to  be  measured,  one  or  more  faden  ther¬ 
mometers  are  mounted  so  as  to  indicate  the  mean 
stem  temperature  between  the  immersion  mark 
and  the  top  of  the  mercury  column. 

In  calculating  the  correction  for  the  emergent 
stem,  it  is  convenient  to  express  the  length  of 
thermometer  stem  adjacent  to  the  faden  bulb  in 
terms  of  degrees  on  the  thermometer  scale.  Thus, 
for  a  10-cm  faden  thermometer,  the  number  of 
degrees  corresponding  to  10  cm  must  be  found  by 
measurement  of  a  portion  of  the  thermometer 
scale.  This  measurement  should  be  made  over 
the  portion  of  the  graduated  scale  which  was 
adjacent  to  the  faden  bulb.  This  is  particularly 
important  with  high-temperature  thermometers 
where  the  length  of  a  degree  is  generally  not  the 
same  at  all  parts  of  the  scale. 

10.2.  Formula  for  Total-Immersion 
Thermometers 

When  a  thermometer,  which  has  been  graduated 
and  calibrated  for  use  at  total  immersion  is 
actually  used  at  partial  immersion,  the  correction 
for  the  emergent  stem  may  be  calculated  by  the 
general  formula, 

stem  correction  =  Kn(T—t), 

where 

K=  differential  expansion  coefficient  of  mercury 
(or  other  thermometric  liquid)  in  the  par¬ 
ticular  kind  of  glass  of  which  the  thermom¬ 
eter  is  made, 

n = number  of  thermometer  scale  degrees  ad¬ 
jacent  to  the  faden  thermometer, 

/= average  temperature  of  n  degrees  of  the 
thermometer  stem  (faden  thermometer 
reading), 

T=  temperature  of  the  thermometer  bulb. 

The  coefficient  K  is  different  for  different  kinds 
of  glass,  and  even  for  the  same  glass,  it  differs  for 
different  temperature  intervals,  i.  e.,  different 
values  of  ( T—t ).  Since,  however,  most  of  the 
change  results  from  the  varying  coefficient  of  the 
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mercury,  the  change  in  K  with  temperature  for 
one  glass  may  with  some  certainty  be  inferred  from 
the  change  for  another  glass. 

10.3.  Formula  for  Partial-Immersion 
Thermometers 

The  scale  corrections  for  partial-immersion  ther¬ 
mometers  calibrated  at  the  Bureau  are  reported 
for  the  conditions  of  immersion  to  the  depth  of 
the  immersion  mark  on  the  thermometer  and 
unless  otherwise  requested,  for  the  unspecified 
stem  temperatures  resulting  from  the  particular 
environments  prevailing  over  the  comparison 
baths  in  the  course  of  the  calibration.  Frequently, 
however,  thermometers  are  submitted  for  cali¬ 
bration  with  a  request  for  scale  corrections  which 
are  applicable  to  a  specified  mean  temperature  of 
the  emergent  stem.  In  such  cases  the  emergent 
stem  temperatures  are  measured  during  the  pro¬ 
cess  of  calibration.  The  calibration  observations 
are  then  corrected  as  necessary  to  account  for 
any  differences  found  between  the  stem  temper¬ 
atures  observed  during  test  and  the  specified  stem 
temperature  for  which  the  scale  corrections  are  to 
apply.  In  this  case,  the  magnitude  of  the  stem 
correction  is  proportional  to  the  difference  between 
the  specified  and  observed  stem  temperatures  and 
may  be  calculated  for  Celsius  mercurial  thermom¬ 
eters  by  means  of  the  relation, 

stem  correction  =  0.000 1 6 n (tBV — toba ) , 

where 

f gp  — —  specified  mean  temperature  of  emergent 
stem  (for  which  reported  scale  corrections 
apply), 

Cbs= observed  mean  temperature  of  emergent 
stem, 

n= number  of  scale  degrees  equivalent  to  the 
length  of  emergent  stem. 

The  above  relation,  of  course,  may  also  be  used 
to  correct  the  indications  of  a  partial-immersion 
thermometer  when  used  under  stem-temperature 
conditions  other  than  specified  ones  for  which  the 
scale  corrections  apply.  In  using  the  formula  it 
should  be  noted  that  n  applies  to  the  whole  length 
of  emergent  stem,  i.  e.,  from  the  immersion  mark 
to  the  top  of  the  mercury  column.  The  ungradu¬ 
ated  length  between  the  immersion  mark  and  the 
first  graduation  on  the  scale  must  therefore  be 
evaluated  in  terms  of  scale  degrees  and  included 
in  the  value  of  n. 

For  purposes  of  computing  the  emergent-stem 
correction,  the  value  of  K  may  be  considered  as 
depending  on  the  average  of  T  and  t,  that  is 
(T-\-t)/2.  Values  of  K  as  a  function  of  (T+0/2 
for  two  widely  used  thermometer  glasses  are  given 
in  table  11.  If  the  kind  of  glass  is  not  known,  K 
may  be  taken  as  0.00016  for  Celsius  mercury 
thermometers  and  0.00009  for  Fahrenheit  ther¬ 
mometers. 


The  calculation  of  the  stem  correction  may  be 
illustrated  by  the  following  example: 

Table  11.  Values  of  K  for  mercury-in-glass  thermometers 


Mean 

K  for 

K  for  “boro- 

temp. 

“normal” 

silicate” 

T°+t° 

glass 

glass 

2 

For  Celsius  thermometers 

0° 

0. 000158 

0. 000164 

100 

.  000158 

.000164 

150 

.  000158 

.000165 

200 

. 000159 

.000167 

250 

.  000161 

. 000170 

300 

.000164 

. 000174 

350 

.000178 

400 

.000183 

450 

.000188 

For  Fahrenheit  thermometers 

0° 

0.  000088 

0.  000091 

200 

.  000088 

. 000091 

300 

.000088 

.  000092 

400 

.  000089 

.  000093 

500 

.  000090 

.  000095 

600 

. 000092 

. 000097 

700 

. 000100 

800 

.  000103 

Suppose  a  total-immersion  thermometer  reads 
90°  C  in  a  bath  when  immersed  to  the  80°  C 
graduation  mark  on  the  scale,  and  a  10-cm  faden 
thermometer  placed  alongside  the  thermometer  is 
adjacent  to  the  scale  between  60°  and  90°  C.  For 
this  case  n  —  90  —  60  =  30.  If  the  faden  thermom¬ 
eter  indicates  80°  C,  then  the  stem  correction 
=  0.00016X30(90—80)  =  -)- 0.048,  or  +0.05°  C. 
Note  that  when  the  temperature  of  the  emergent 
stem  is  lower  than  the  bath  temperature,  the  sign 
of  the  correction  is  +. 

If  a  faden  thermometer  were  not  available  in 
the  above  example,  the  emergent-stem  tempera¬ 
ture  could  be  estimated  by  suspending  a  small 
auxiliary  thermometer  above  the  bath  adjacent 
to  the  main  thermometer  and  with  its  bulb  cen¬ 
tered  at  about  the  level  of  the  85°  graduation. 
The  reading  of  the  auxiliary  thermometer  will 
then  approximate  the  mean  temperature  of  the 
10  degrees  C  (80°  to  90°  C)  emergent  from  the 
bath.  For  this  condition  n=10.  If  the  auxiliary 
thermometer  reads  60°  C,  the  stem  correction 
=0.000 16 X  10(90  — 60)  =  +0.048  or  +0.05°  C. 
This  method,  however,  will  usually  not  be  as 
reliable  as  the  method  using  a  faden  thermometer. 

10.4.  Formula  for  Calorimeter  Thermometers 

The  stem  correction  is  often  important  when 
thermometers  are  used  for  differential  temperature 
measurements,  as  in  calorimetry.  In  this  case, 
provided  the  mean  temperature  of  the  stem  re¬ 
mains  constant,  the  correction  may  be  computed 
from  the  following  formula,  involving  the  differ¬ 
ence  of  the  initial  and  final  readings: 

stem  correction  =  /Vf(Ti-l-  T2— S—  t), 
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where 


where 


K=  factor  for  relative  expansion  of 
glass  and  mercury, 

Tx  and  T2 --  the  initial  and  final  readings, 
respect  ivelv, 
d=  T2—  Tu 

N=  scale  reading  to  which  the  ther¬ 
mometer  is  immersed,  and 
f=mean  temperature  of  the  emer¬ 
gent  stem. 

This  correction  must  be  applied  (added  if  +  , 
subtracted  if  — )  to  the  difference  of  the  readings 
to  give  the  true  difference  of  temperature. 

Example:  Suppose  the  thermometer  was  im¬ 
mersed  to  its  20°  mark;  its  initial  reading,  Tu  was 
25°  C;  its  final  reading,  T2,  was  30°  C;  and  the 
stem  temperature  was  20°  C.  Then  the  correction 
is  0.00016X5(25+30-20  — 20)  =  +0.012°  C.  The 
difference  between  Tj  and  T2  is  5°.  The  true 
difference  between  the  initial  and  final  tempera¬ 
tures  was  T2—  T1  +  correction=5.012°  C. 

10.5.  Formula  for  Beckmann  Thermometers 

For  a  Beckmann  thermometer  the  correction 
may  be  readily  computed  from  the  following  for¬ 
mula,  differing  only  slightly  from  that  for  calorim¬ 
eter  thermometers,  provided  the  thermometer  is 
immersed  to  near  the  zero  on  its  scale  and  that 
the  temperature  of  the  stem  remains  constant: 

stem  correction  =  Kd ($+  Tx  +  T2 — t) , 


S= set  ting  of  the  thermometer  (sec¬ 
tion  6.4),  and  the  other  sym¬ 
bols  have  the  same  meanings 
as  for  calorimeter  thermom¬ 
eters. 

A  Beckmann  thermometer  of  the  ordinary  type 
should  not  be  used  with  any  part  of  the  lower 
portion  of  the  stem  exposed,  as  this  part  may 
contain  5  to  10  times  as  much  mercury  per 
centimeter  as  the  graduated  portion  and,  if 
exposed,  introduces  a  large  and  uncertain  error. 
If  it  is  unavoidable,  however,  to  use  such  a 
thermometer  with  some  of  the  lower  portion  of 
the  stem  emergent  from  the  bath,  the  necessary 
correction  may  be  computed  from  the  above 
formula,  provided  S  in  the  formula  is  replaced 
by  <S+ra,  where  m  is  the  number  of  degrees  the 
temperature  of  the  thermometer  must  be  lowered 
to  bring  the  meniscus  from  the  zero  mark  on  its 
scale  to  the  point  of  immersion. 

If  the  thermometer  is  immersed  to  some  point 
other  than  its  zero  mark,  as  would  ordinarily 
be  the  case  with  thermometers  having  the  zero 
graduation  at  the  top  of  the  scale,  the  differential 
stem  correction  may  be  calculated  from  the  above 
formula  if  S  is  replaced  by  *S+ra.  The  formula 
is  applicable  whether  the  point  of  immersion  is  on 
the  scale  or  below  it,  provided  the  points  at  which 
readings  are  made  are  above  the  point  to  which 
the  thermometer  is  immersed. 


11.  Lag  of  Thermometers 


Practically  all  theoretical  treatment  of  the 
question  of  thermometer  lag  is  based  on  the 
assumption  that  Newton’s  law  of  cooling  (i.  e., 
that  the  rate  of  change  in  the  reading  of  the 
thermometer  is  proportional  to  the  difference 
between  thermometer  temperature  and  bath 
temperature)  holds  for  the  thermometer.  It  is 
an  immediate  consequence  of  this  law  that  when 
a  thermometer  is  immersed  in  any  medium  it 
does  not  take  up  the  temperature  immediately, 
but  approaches  it  asymptotically.  A  certain 
time  must  elapse  before  the  thermometer  reading 
agrees  with  the  temperature  of  the  medium,  to 
0.1  degree,  still  longer  to  0.01  degree,  the  temper¬ 
ature  remaining  constant.  If  the  temperature 
is  varying,  the  thermometer  always  indicates, 
not  the  true  temperature,  but  what  the  temper¬ 
ature  of  the  medium  was  at  some  previous  time. 
The  thermometer  readings  are  thus  said  to  "lag” 
behind  the  temperature  by  an  amount  which 
may  or  may  not  be  negligible,  depending  upon 
the  rapidity  of  temperature  variation  and  the 
construction  of  the  thermometer.  A  more  com¬ 
plete  treatment  of  this  subject  has  been  given 
by  Harper  [6], 

For  a  thermometer  immersed  in  a  bath,  the 


temperature  of  which  is  changing  uniformly,  the 
lag  may  be  defined  as  the  interval  in  seconds 
between  the  time  when  the  bath  reaches  a  given 
temperature  and  the  time  when  the  thermometer 
indicates  that  temperature.  This  lag,  X,  is 
dependent  upon  the  dimensions  and  material  of 
the  thermometer  bulb,  the  medium  in  which  it 
is  immersed,  and  the  rate  at  which  this  medium 
is  stirred.  For  instance,  the  lag  when  in  the  air  of 
the  room  would  be  perhaps  50  times  that  of  the 
same  thermometer  when  immersed  in  a  well-stirred 
water  bath. 

Since  the  value  of  X  for  mercurial  thermometers 
is  not  large,  being  from  2  to  10  sec  in  a  well-stirred 
water  bath,  it  is  not  generally  necessary  to  correct 
for  it.  For  example,  if  two  thermometers,  one 
having  a  lag  of  3  and  another  of  8  sec,  are  read 
simultaneously  in  a  bath  whose  temperature  is 
rising  at  the  rate  of  0.001  degree  in  5  sec,  the 
former  will  read  0.001  degree  higher  than  the 
latter,  due  to  the  lag.  In  the  intercomparison 
of  thermometers  the  rate  of  temperature  rise 
may  nearly  always  be  kept  so  small  that  this  lag 
correction  is  negligible. 

If  a  thermometer  at  a  given  initial  temperature 
is  plunged  into  a  bath  at  a  different  temperature, 
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the  lag,  A,  is  the  time  required  for  the  original 
difference  in  temperature  between  thermometer 
and  bath  to  be  reduced  to  1/e  (that  is  1/2.8)  of 
itself.  In  a  length  of  time  4A  the  difference  will 
have  become  about  1.5  percent  and  in  a  length 
of  time  7\  about  0.1  percent  of  the  original 
difference. 

This  shows  that  it  is  necessary  to  wait  10  to 
45  sec  after  placing  a  thermometer  in  stirred 
water  in  order  to  get  a  reading  correct  to  within 
1  percent  of  the  original  difference  between  bath 
and  thermometer. 

When  a  thermometer  is  used  to  measure  changes 
of  temperature,  as  in  calorimetry,  it  has  been 
shown  by  White  [7]  that  the  lag  enters  into  the 
observations  in  such  a  way  as  to  be  eliminated 
from  the  results  in  applying  the  usual  radiation 
corrections.  Therefore  the  lag  need  not  be  con¬ 
sidered,  provided  only  that  the  initial  and  final 


readings  are  made  when  the  temperature  is  varying 
uniformly.  This  is  not  strictly  true,  however,  in 
the  case  of  some  Beckmann  thermometers  that 
have  no  true  value  of  X,  as  has  been  explained  in 
the  paper  referred  to  above. 

An  idea  of  the  magnitude  of  the  lag,  X,  of 
thermometers  of  various  types,  when  immersed 
in  a  well-stirred  water  bath,  may  be  obtained 
from  table  12. 


Table  12.  Lag  of  thermometers 


Type  of  thermometer 

Lag,  X 

sec 

Laboratory  thermometer,  small  bulb . . . . 

2 

Calorimeter  thermometer,  large  bulb...  .  ...  .  . 

5 

Beckmann  thermometer,  large  bulb.._  __  _ 

9 

Inclosed  capillary  portion  of  Beckmann  thermometer _ 

50+ 

12.  Notes  on  Thermometry 


The  following  brief  notes  on  the  characteristic 
behavior  of  mercury-in-glass  thermometers  are 
added  to  aid  the  user  in  understanding  the  be¬ 
havior  of  such  thermometers  and  in  a  better 
utilization  of  the  information  that  is  contained 
in  the  certificates  or  reports  of  tests. 

12.1.  Gradual  Changes  in  Glass 

There  is  a  gradual  change  in  the  volume  of  a 
glass  thermometer  bulb  which  will  continue  for 
years.  This  change  manifests  itself  by  a  slow 
rise  in  the  thermometer  indications  at  all  points. 
With  better  grades  of  thermometer  glasses  the 
change  will  not  exceed  0.1°  C  in  many  years,  pro¬ 
vided  the  thermometer  has  not  been  heated  to 
temperatures  above  about  150°  C.  In  addition 
permanent  changes  in  bulb  volumes  have  some¬ 
times  been  observed  with  thermometers  which 
have  been  repeatedly  cycled  at  low  temperatures, 
for  example  between  —30°  and  +25°  C.  Allow¬ 
ance  for  these  changes  can  readily  be  made  by 
determining  the  ice-point  reading  from  time  to 
time,  since  if  the  reading  at  this  point  is  found  to 
be  higher  (or  lower)  than  at  the  time  of  test  all 
readings  will  be  higher  (or  lower)  to  the  same 
extent. 

12.2.  Temporary  Changes  in  Bulb  Volume 

When  a  thermometer  which  has  been  at  room 
temperature  for  a  long  time  is  heated  to  a  higher 
temperature,  the  glass  quickly  expands  to  its 
final  equilibrium  condition  corresponding  to  the 
higher  temperature.  When  cooled  to  the  original 
temperature,  the  glass  does  not  completely  return 
to  its  original  volume  for  a  long  time  (months  or 
even  years),  although  if  the  bulb  is  made  of 
suitable  glass  and  has  not  been  heated  above 
100°  C.  the  original  volume  will  be  recovered 


within  the  equivalent  of  0.01  or  0.02  degrees  C  in 
about  3  days.  Obviously,  this  phenomenon  has 
an  important  bearing  on  the  precision  attainable 
with  mercury  thermometers  and  must  be  taken 
into  consideration  in  precision  thermometry, 
especially  in  the  interval  0  to  100  degrees  C. 
Thus,  if  a  thermometer  is  used  to  measure  a  given 
temperature,  it  will  read  lower  than  it  otherwise 
would  if  it  has  a  short  time  previously  been 
exposed  to  a  higher  temperature.  With  the  better 
grades  of  thermometric  glasses  the  error  resulting 
from  this  hysteresis  will  not  exceed  (in  the  interval 
0  to  100  degrees)  0.01  of  a  degree  for  each  10-degree 
difference  between  the  temperature  being  meas¬ 
ured  and  the  higher  temperature  to  which  the 
thermometer  has  recently  been  exposed  and  with 
the  best  glasses  only  a  few  thousandths  of  a  degree 
for  each  10-degree  difference.  The  errors  due  to 
this  hysteresis  become  somewhat  erratic  at  temper¬ 
atures  much  above  100°  C.  For  the  reasons 
briefly  set  forth  above  it  is  customary,  in  precision 
thermometry,  to  determine  the  ice  point  immedi¬ 
ately  after  each  temperature  measurement. 

12.3.  Changes  in  Bulb  Volume  Due  to 
Annealing 

Another  change  to  which  the  indications  of 
thermometers  are  subject  is  the  annealing  change 
at  high  temperatures.  If  the  glass  has  not  been 
properly  annealed,  it  will  slowly  and  progressively 
contract  when  exposed  to  high  temperatures 
(above  300°  C),  thus  causing  the  indications  of  the 
thermometer  to  rise  progressively.  These  anneal¬ 
ing  changes  may  amount  to  30  or  40  degrees  C, 
and  hence  thorough  annealing  of  a  higli-tempera- 
ture  thermometer  is  very  important.  No  amount 
of  annealing  will  make  the  ice-point  reading  of  a 
thermometer  constant  if  the  thermometer  is 
exposed  for  a  long  period  to  high  temperatures 
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(450°  C  or  thereabouts).  For  well-annealed 
thermometers  such  changes  will  be  small  and  can 
be  readily  allowed  for  by  occasional  determinations 
of  the  fixed-point  reading  and  application  of  the 
necessary  additional  corrections.  In  the  use  of 


high-temperature  thermometers  care  must  be 
taken  not  to  overheat  them.  When  the  glass 
becomes  “soft”,  the  high  internal  gas  pressure 
enlarges  the  bulb  and  thus  causes  a  lowering  in 
the  indications  of  the  thermometer. 


13.  Separated  Columns 


Many  inquiries  are  received  concerning  sepa¬ 
rated  mercury  columns,  particularly  after  ship¬ 
ment.  Since  no  means  of  avoiding  such  occur¬ 
rences  has  yet  been  found,  the  recourse  of  stating 
some  directions  for  joining  the  mercury  is  adopted. 
The  mercury  may  separate  somewhat  more  readily 
in  thermometers  which  are  not  pressure-filled,  but 
it  can  be  more  easily  joined  since  there  is  little 
gas  to  separate  the  liquid.  The  process  of  joining 
broken  columns  consists  of  one  or  a  series  of 
manipulations  which  may  be  effective,  and  these 
are  briefly  described  here. 

1.  The  bulb  of  the  thermometer  may  be  cooled 
in  a  solution  of  common  salt,  ice,  and  water  (or 
other  cooling  agent)  to  bring  the  mercury  down 
into  the  bulb.  Moderate  tapping  of  the  bulb  on 
a  paper  pad  or  equally  firm  object  or  the  applica¬ 
tion  of  centrifugal  force  usually  serves  to  unite 
the  mercury  in  the  bulb.  If  the  salt  solution 
does  not  provide  sufficient  cooling,  carbon  dioxide 
snow  (dry  ice)  may  be  used.  Since  the  tempera¬ 
ture  of  dry  ice  is  about  —  78°  C  and  mercury 
freezes  at  about  —40°  C,  it  will  cause  the  mercury 
to  solidify.  Care  must  be  taken  to  warm  the 
top  of  the  bulb  first  so  that  pressures  in  the  bulb 
due  to  the  expanding  mercury  may  be  relieved. 
Care  should  also  be  taken  in  handling  dry  ice  as 
it  may  cause  severe  “burns”. 


2.  If  there  is  a  contraction  chamber  above  the 
bulb  or  an  expansion  chamber  at  the  top  of  the 
thermometer  the  mercury  can  sometimes  be  united 
by  warming  the  bulb  until  the  column  reaches 
the  separated  portions  in  either  enlargement. 
Great  care  is  necessary  to  avoid  filling  the  expan¬ 
sion  chamber  completely  with  mercury,  which 
might  produce  pressures  large  enough  to  burst 
the  bulb.  Joining  the  mercury  is  more  readily 
accomplished  if  the  quantity  in  either  cavity  has 
first  been  shattered  into  droplets  by  tapping  the 
thermometer  laterally  against  the  hand. 

3.  As  a  last  resort,  especially  for  thermometers 
having  no  expansion  chambers,  small  separated 
portions  of  the  column  can  sometimes  be  dis¬ 
persed  by  warming,  into  droplets  tiny  enough  to 
leave  space  for  the  gas  to  by-pass,  and  these 
droplets  can  then  be  collected  by  a  rising  mercury 
column. 

The  procedure  for  thermometers  in  which  or¬ 
ganic  liquids  are  used  is  similar.  Liquids  in  the 
stem  can  more  readily  be  vaporized  and  may  then 
be  drained  down  the  bore.  The  latter  process  is 
aided  by  cooling  the  bulb.  All  of  these  manipu¬ 
lations  require  patience,  and  experience  is  helpful, 
but  they  will  yield  results  if  care  is  used.  A 
convenient  method  of  ascertaining  that  all  the 
liquid  has  been  joined  is  a  check -of  the  ice  point, 
or  some  other  point  on  the  scale. 


14.  General  Instructions  to  Applicants  for  Tests 


Tests  in  accord  with  the  policies  of  the  National 
Bureau  of  Standards,  and  of  the  types  indicated 
in  the  fee  schedules  as  published  in  the  “Federal 
Register”,  will  be  undertaken.  If  need  arises  for 
a  special  test,  not  listed  in  the  fee  schedule  but  of  a 
similar  nature,  the  Bureau  should  be  consulted. 
If  the  required  measurements  appear  feasible,  and, 
in  the  opinion  of  the  Bureau,  sufficiently  important 
to  justify  the  work,  such  tests  will  be  undertaken 
for  a  special  fee  determined  by  the  nature  of  the 
work.  In  all  requests  the  following  procedures 
and  information  are  pertinent. 

14.1.  Initial  Arrangements 

A  letter  or  purchase  order,  stating  the  tests 
desired  and  referring  to  the  appropriate  sections 
and  subsections  of  the  fee  schedule,  should  be  sent 
to  the  Bureau  prior  to  any  shipment.  The  pur¬ 
pose  of  this  requirement  is  to  determine  whether 
or  not  the  Bureau  will  undertake  the  test  and  to 
insure  correct  procedure  in  reporting,  shipping, 
and  billing.  In  the  case  of  routine  or  periodic 


tests,  of  a  type  made  in  the  past  for  the  requester, 
this  letter  may  be  sent  at  the  time  shipment  is 
made.  In  general,  the  purpose  of  the  test  and  the 
manner  in  which  the  results  are  to  be  used  should 
be  stated.  If  the  thermometer  submitted  has 
been  previously  calibrated  by  the  Bureau,  refer¬ 
ence  should  be  made  to  the  former  test  number. 
A  test  number  will  be  assigned  by  the  Bureau  to 
each  project,  and  this  test  number  must  be  re¬ 
ferred  to  in  all  subsequent  communications. 

14.2.  Shipping  and  Packing 

Shipping  charges,  both  to  and  from  the  Bureau, 
must  be  assumed  by  the  applicant.  Return  ship¬ 
ments  are  made  by  the  Bureau  in  accordance  with 
its  judgment  of  the  best  method  of  shipping  unless 
specific  instructions  are  received.  Such  instruc¬ 
tions  should  be  supplied  at  the  time  that  arrange¬ 
ments  are  being  made  for  the  test.  If  a  test  num¬ 
ber  has  been  assigned  prior  to  the  shipment,  this 
number  should  appear  on  the  shipping  container. 
If  a  test  number  has  not  been  assigned  at  this 
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time,  an  invoice,  purchase  order,  or  letter  should 
be  enclosed  in  the  shipment  for  identification 
purposes. 

All  possible  care  will  be  taken  in  handling  ther¬ 
mometers  at  the  Bureau,  but  the  risk  of  damage 
either  in  shipment  or  in  testing  must  be  assumed 
by  the  applicant.  The  applicant  should  con¬ 
sider  the  nature  of  the  equipment  he  is  shipping 
and  pack  it  accordingly,  with  appropriate  labeling. 
Attention  is  called  to  the  availability  of  security 
express  in  shipping  thermometers. 


Appreciation  is  expressed  for  the  use  of  the  fol¬ 
lowing  material:  (a)  Figure  3,  which  first  appeared 
in  the  Journal  of  the  Optical  Society  of  America; 
(b)  figure  4,  which  first  appeared  in  the  Proceed¬ 
ings  of  the  American  Society  for  Testing  Mate¬ 
rials;  and  (c)  section  13,  Separated  Columns,  is 
from  the  paper  by  Johanna  Busse,  Liquid-in-glass 
thermometers,  which  appeared  in  the  book, 
Temperature,  its  Measurement  and  Control  in 
Science  and  Industry  (Reinhold  Publishing  Corp., 
New  York,  N.  Y.). 
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abstract 

An  improved  and  simplified  procedure  is  described  for  determining  the  freezing 
points  of  hydrocarbons  from  time-temperature  freezing  and  melting  curves, 
and  for  calculating  the  purity  when  the  freezing  point  for  zero  impurity  is  (a) 
known  and  (b)  not  previously  known.  A  procedure  for  determining  the  cryoscopic 
constant  is  also  described. 
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I.  INTRODUCTION 

In  connection  with  the  work  of  this  laboratory  on  the  analysis, 
purification,  and  properties  of  hydrocarbons,  the  freezing  point, 
determined  from  time-temperature  freezing  and  melting  curves, 
has  been  used  to  evaluate  the  purity  of  given  samples  of  hydro¬ 
carbons.  Since  the  previous  reports  on  this  subject  [1,2,  3],* *  improve¬ 
ments  have  been  made  in  the  apparatus  and  the  procedure  has  been 
clarified  and  simplified.  This  report  describes  the  present  apparatus 
and  procedure  for  determining  the  freezing  point  from  time-tempera¬ 
ture  freezing  and  melting  curves  and  for  calculating  the  purity  when 

1  This  investigation  was  performed  at  the  National  Bureau  of  Standards  as  part  of  the  work  of  the  Ameri¬ 
can  Petroleum  Institute  Research  Project  6  on  the  “Analysis,  Purification,  and  Properties  of  Hydro¬ 
carbons.” 

*  Research  Associate  on  the  American  Petroleum  Institute  Research  Project  6  at  the  National  Bureau  of 
Standards. 

*  Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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the  freezing  point  for  zero  impurity  is  known  and  also  when  the 
freezing  point  lor  zero  impurity  is  not  previously  known.  A  procedure 
for  determining  the  cryoscopic  constant  is  also  described. 

II.  PRINCIPLES  INVOLVED 

The  definitions,  abbreviations,  and  symbols  used  in  this  paper  are 
the  same  as  those  given  in  the  preceding  report  [2],  to  which  the  reader 
isfreferred  for  details  not  covered  here. 

For  the  equilibrium  between  a  crystalline  phase  consisting  of  the 
major  component  alone 'and  a  liquid  phase  consisting  of  the  major 
component  and  one  or  more  other  components,  the  thermodynamic 
relation  between  the  temperature  of  equilibrium  and  the  composition 
of  the  liquid  phase,  for  an  ideal  or  sufficiently  dilute  solution,  is 

In  A7^ x  =  -  In  (1—  N2)  —  A(tfo— — 0+  •  •  •],  (1) 


where 


A^!  =  the  mole  fraction  of  the  major  component  in  the  liquid 
phase; 

jV 2 ==  (1  N [) ==  the  sum  of  the  mole  fractions  of  all  other 
components  in  the  liquid  phase; 

£/o=the  temperature,  in  degrees  centigrade,  of  the  freezing 
point  of  the  major  component  when  pure  (that  is, 
when  N2= 0); 

/=the  given  temperature  of  equilibrium,  in  degrees  centi¬ 
grade; 

A  =  A Hf  / RT, 2; 

B=l/T,-ACPo/2AH,o; 

R=  the  gas  constant,  per  mole; 

Tr  =*,+273.16 

A-f/,  =the  heat  of  fusion;  per  mole,  of  the  major  component  in 
the  pure  state  at  the  temperature  Tf  ; 

A(?po=the  heat  capacity,  per  mole,  of  the  pure  liquid  less  that 
of  the  pure  solid,  for  the  major  component  in  the  pure 
state  at  the  temperature  Tf  . 

It  is  seen  that  the  three  constants  (tfn,  A,  and  B)  in  eq  1  are  properties 
only  of  the  major  component,  so  that  the  relation  between  the  tem¬ 
perature  of  equilibrium  and  the  mole  fraction  of  solute  is  the  same 
for  all  solutes,  of  which  there  may  be  more  than  one  in  the  same 
solution,  provided  they  remain  in  the  liquid  phase  and  form  with  the 
major  component  an  ideal  solution. 

If  r  is  the  fraction  crystallized  of  the  total  number  of  moles  of  all 
components  in  the  system,  then,  as  previously  shown  [2], 

t=tf-a/[{l-(b/a)}-r],  (2) 

where  a  and  b  are  constants  for  the  given  sample.  Equation  2  gives 
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the  relation  between  the  temperature  of  equilibrium  and  the  fraction 
of  material  crystallized. 

When  the  experiment  is  one  performed  according  to  the  procedure 
described  in  the  present  report,  the  rate  of  crystallization  or  melting 
of  the  major  component  is  substantially  constant  with  time,  and,  as 
previously  shown  [2], 


r=lc(z—Zf),  (3) 

where  k  is  a  constant  characteristic  of  the  given  experiment,  z  is  any 
given  time,  and  z}  is  the  time  at  which  freezing  begins  or  melting  is 
complete.  Furthermore, 


t=tf0—a,/[l—k'(z—zf)\,  (4) 

where  a'  and  k'  are  constants  [2] .  Equation  4  gives  the  relation 
between  the  temperature  of  equilibrium  and  the  time  during  the 
part  of  the  experiment  in  which  equilibrium  between  the  liquid  and 
solid  phases  of  the  major  component  exists. 

III.  APPARATUS  AND  MATERIALS 

The  freezing-point  apparatus  in  its  present  form  is  shown  in  figures 
1,  2,  and  3,  which  give,  respectively,  the  assembly,  the  details  of  the 
freezing  tube,3  and  the  details  of  the  stirring  assembly.  With  the 
stirrer  shown  in  figure  3,  the  vertical  stroke  is  usually  made  1%  inches 
over-all,  and  the  rate  about  120  strokes  per  minute. 

The  thermometric  system  consists  of  a  25-ohm  platinum  resistance 
thermometer,  a  resistance  bridge  (Mueller-type)4  in  which  the  main 
coils  are  thermostated,  and  a  highly  sensitive  galvanometer,  adjusted 
so  that  1  mm  on  the  scale  is  equivalent  to  from  0.0001  to  0.0005  degree 
centigrade. 

The  apparatus  also  includes  a  vacuum  system  and  a  stop  watch  or 
clock. 

The  cooling  and  warming  baths  used  are  listed  in  table  1. 


Table  1. — Cooling  and  warming  baths  used 


Type  of  experiment 

Range  of  freez¬ 
ing  points 

Cooling  or  warming  bath 

Freezing.  . . 

°C 

+30  to  -50 

-50  to  -170 
+30  to  -10 

-10  to  -90 
-90  to  -170 

Slush  of  solid  carbon  dioxide  in  a  50-50  mixture  of  carbon 
tetrachloride  and  chloroform. 

Liquid  air,  or  preferably,  liquid  nitrogen. 

Water  maintained  constant  (±1  degree  centigrade)  at  10  to 

25  degrees  centigrade  above  the  freezing  point  of  the 
sample. 

Ice  and  water. » 

Slush  or  solid  carbon  dioxide  in  a  50-50  mixture  of  carbon 
tetrachloride  and  chloroform. » 

Do. . . 

Melting. . . 

Do . . 

Do . 

»  See  the  discussion  at  the  end  of  section  V. 


3  Acknowledgment  is  gratefully  made  of  the  assistance  of  F.  W.  Rose,  Jr.  (formerly  Research  Associate  on 
the  API  Research  Project  6,  and  since  October  1940,  with  the  Houdry  Process  Corporation,  Marcus  Hook, 
Pa.),  in  fixing  the  details  of  the  first  design  of  the  freezing  tube  shown  in  figure  2. 

4  Leeds  &  Northrup  No.  8069,  type  G-2. 
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A,  Bracket  for  motor,  with  rubber  pad;  B,  motor,  with  reduction  gears,  to  give  120  rpm;  C,  coupling;  D, 
wheel;  E,  steel  rod;  F,  bearing;  G,  support  for  bearing;  II,  support  for  freezing  tube;  I,  adjustable  clamp 
holder;  J ,  clamp  for  freezing  tube;  K,  stirrer;  L,  thermometer;  M,  tube  for  inlet  of  dry  air;  N,  cork  stopper, 
with  holes  as  shown,  plus  a  small  hole  for  the  “seed”  wire;  O,  freezing  tube,  with  silvered  jacket;  P,  stop¬ 
cock  on  freezing  tube;  Q,  asbestos  collar;  F,  brass  cylinder,  inches  long  and  2^6  inches  inside  diameter, 
with  Bakelite  collar;  S,  Dewar  flask,  for  cooling  or  warming  bath;  T ,  asbestos  pad  at  bottom  of  cylinder  F; 
V,  wood-block  support;  V,  table  top;  W,  wall;  X,  spherical  joint,  18/7;  V,  connection  to  vacuum; Z,  con¬ 
nection  to  air,  through  drying  tube. 
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Figure  2. — Details  of  the  freezing  tube. 

A,  High-vacuum  stopcock,  hollow  plug,  oblique  3)4-mm  bore;  B,  inside  opening  of  freezing  tube,  which  must 
have  no  bulge  at  this  point;  C,  slanted  connection  to  jacket  of  freezing  tube;  D,  internal  walls  of  jacket  of 
freezing  tube,  silvered;  E,  spherical  joint,  18/7. 
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Figure  3. — Details  of  the  stirring  assembly  and  supports. 

A,  Stainless  steel  rod,  round;  B ,  German-silver  tube;  C,  pins;  D,  holes,  J4-inch  in  diameter;  E,  brass  wheel, 
with  three  holes,  tapped  for  machine  screws,  spaced  ii,  3A,  and  1  inch  from  center;  F,  steel  rod;  G,  set 
screws;  H,  brass  coupling;  7,  steel  shaft;  J ,  steel  rod,  round;  J',  steel  rod,  square;  K,  connecting  pin;  L, 
brass-sleeve  bearing;  M,  steel  pipe,  J^-inch  nominal  size;  TV,  brass  coupling;  0,  brass  tee;  P,  aluminum. 
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IV.  EXPERIMENTAL  PROCEDURE  FOR  A  FREEZING 

EXPERIMENT 

The  procedure  for  performing  a  freezing  experiment  is  as  follows: 

The  apparatus  is  assembled,  with  no  refrigerant  and  no  sample 
of  hydrocarbon  yet  in  place,  but  with  a  stream  (10  to  20  ml  a  minute) 
of  dry  air  flowing.  The  jacket  of  the  freezing  tube  is  filled  with  air 
freed  of  carbon  dioxide  and  water. 

As  required,  the  operator  must  be  prepared  to  induce  crystalli¬ 
zation  in  the  hydrocarbon  sample  as  soon  as  possible  after  the  tempera¬ 
ture  has  passed  below  the  freezing  point  of  the  sample.  In  some  cases, 
crystallization  may  be  induced  by  introducing,  into  the  hydrocarbon 
sample  at  the  appropriate  time,  a  small  metal  rod,  which  has  been 
kept  at  liquid  air  temperatures.  In  other  cases,  crystallization  may 
be  induced  by  introducing,  into  the  hydrocarbon  sample  at  the 
appropriate  time,  crystals  of  the  hydrocarbon  on  the  coiled  end  of 
a  small  metal  rod.  These  crystals  are  made  by  placing  several 
milliliters  of  the  hydrocarbon  in  a  small  test  tube  (incased  in  a  thin 
metal  tube)  immersed  in  a  refrigerant  whose  temperature  is  below 
the  freezing  point  of  the  hydrocarbon. 

The  Dewar  flask  surrounding  the  freezing  tube  is  filled  with  the 
appropriate  refrigerant.  The  thermometer  and  stopper  are  tempo¬ 
rarily  removed  and  the  hydrocarbon  sample  (50  ml  of  liquid)  is  intro¬ 
duced.  When  the  hydrocarbon  is  volatile  or  normally  gaseous  at 
room  temperature,  the  freezing  tube  is  cooled  before  introducing  the 
sample  in  order  to  minimize  loss  by  evaporation.  The  flow  of  dry 
air  into  the  freezing  tube  is  continued  in  order  to  keep  out  water 
vapor.  The  stirrer  is  started  and  the  sample  is  allowed  to  cool  down 
to  within  about  15  degrees  centigrade  of  the  freezing  point,  when 
evacuation  of  the  jacket  of  the  freezing  tube  is  begun. 

The  time  and  the  resistance  of  the  thermometer  are  observed  at 
even  intervals  of  0.1  ohm  (about  1  degree  centigrade)  to  determine 
the  rate  of  cooling.  When  a  cooling  rate  is  obtained  that  will  give 
a  change  of  1  degree  in  about  2  to  3  minutes,  in  the  range  of  about 
5  to  10  degrees  above  the  freezing  point,  the  stopcock  controlling 
the  jacket  of  the  freezing  tube  is  closed.  (The  optimum  rate  of 
cooling  will  vary  with  the  hydrocarbon  being  examined.) 

When  the  temperature  reaches  a  point  about  5  degrees  above  the 
expected  freezing  point,  the  time  is  recorded  to  1  second  (or  0.01 
minute),  at  which  the  resistance  of  the  termomoter  equals  certain 
preselected  values  (every  0.1  or  0.05  ohm).  At  the  appropriate  time 
(see  above),  crystallization  is  induced.  The  beginning  of  crystalliza¬ 
tion  will  be  accompanied  by  a  halt  in  the  cooling  of  the  liquid. 
After  recovery  from  under  cooling  is  substantially  complete,  the 
resistances,  including  the  reading  of  the  scale  of  the  galvanometer 
at  full  sensitivity  as  well  as  the  scale  reading  with  no  current  through 
the  galvanometer,  are  recorded  at  intervals  of  about  1  minute.  These 
observations,  together  with  the  sensitivity  of  the  galvanometer  system 
in  terms  of  ohms  per  millimeter  of  scale  reading,  yield  a  sensitivity 
near  0.0001  degree  centigrade  in  the  measurement  of  temperature. 
These  observations  are  continued  until  the  stirrer  begins  laboring. 

Then  the  stirrer  is  stopped  and  comparison  of  “N”  and  “R”  readings 
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is  made  through  the  commutator.  These  latter  readings  are  made 
at  fixed  intervals  of  about  1  minute,  alternately  for  “N”  and  “R,” 
and  the  difference  between  the  two  at  any  given  instant  of  time  is 
determined  from  a  plot  of  the  several  values  against  time. 

V.  EXPERIMENTAL  PROCEDURE  FOR  A  MELTING 

EXPERIMENT 

The  procedure  for  performing  a  melting  experiment  is  exactly  the 
same  as  for  a  freezing  experiment,  up  to  the  point  where  the  stirrer 
begins  laboring.  When  the  stirrer  shows  signs  of  laboring,  a  com¬ 
parison  of  “N”  and  “R”  readings  is  made  through  the  commutator, 
as  in  the  previous  section,  except  that  the  stirrer  is  still  operating. 
When  the  laboring  of  the  stirrer  becomes  quite  pronounced,  the 
cooling  bath  is  replaced  by  the  appropriate  warming  bath,  and, 
simultaneously,  further  evacuation  of  the  freezing  tube  is  begun, 
with  the  stirrer  still  operating.  After  evacuation  for  an  appiopriate 
length  of  time  (3  to  10  minutes),  the  stopcock  on  the  freezing  tube  is 
closed,  and  observations  of  time  and  resistance  are  continued  along 
the  equilibrium  portion  of  the  melting  curve  as  along  the  equilibrium 
portion  of  the  freezing  curve.  When  melting  is  substantially  complete, 
as  evidenced  by  a  marked  change  in  the  rate  of  change  of  resistance, 
the  time  is  recorded  when  the  resistance  reaches  certain  preselected 
values  at  even  intervals  of  0.05  ohm  (0.5  degree  centigrade).  The 
experiment  is  concluded  when  the  temperature  has  reached  a  point  5 
to  10  degrees  above  the  freezing  point. 

For  substances  having  freezing  points  in  the  range  — 135°  to  — 170° 
C,  the  melting  experiment  may  be  performed  b}r  letting  the  cooling 
bath  of  liquid  air  remain  in  position  and  evacuating  the  jacket  of 
the  freezing  tube  as  much  as  possible.  This  will  make  the  thermal 
conductivity  across  the  jacket  so  small  that  the  energy  introduced  by 
the  stirrer  may  be  used  to  provide  the  energy  of  melting.  A  similar 
procedure  may  be  used  for  melting  experiments  with  substances 
having  freezing  points  in  the  range  from  about  —50  to  —80°  C, 
utilizing  the  bath  of  solid  carbon  dioxide  in  a  50-50  mixture  of  carbon 
tetrachloride  and  chloroform. 

VI.  EVALUATION  OF  THE  FREEZING  POINT  FROM  A 

FREEZING  CURVE 

To  locate  zero  time  (the  time  at  which  crystallization  would  have 
begun  in  the  absence  of  undercooling),  a  preliminary  plot  is  made 
of  the  time-resistance  observations  covering  the  liquid  cooling  line 
and  the  equilibrium  portion  of  the  freezing  curve.  For  this  plot, 
as  shown  in  figure  4,  the  time  scale  is  taken  so  that  1  cm  is  equivalent 
to  1  minute  and  the  resistance  scale  (for  a  25-ohm  thermometer) 
so  that  1  cm  is  equivalent  to  0.02  ohm  (0.2  degree  centigrade).  Usually 
the  extent  of  undercooling  is  small  enough  that  no  correction  for 
zero  time  need  be  made,  in  which  case  zero  time  can  usually  be 
determined  by  a  visual  extrapolation,  on  this  plot,  of  the  equilibrium 
portion  of  the  freezing  curve  back  to  its  intersection  with  the  liquid¬ 
cooling  line.  However,  if  undercooling  is  appreciable,  correction  for 
its  effect  on  the  time  may  be  required  (see  part  II— 2  of  reference  [1]). 
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TIME  IN  MINUTES 

Figure  4. — Time-temperature  cooling  curve  for  determining  “zero”  time  in  an 
experiment  on  a  sample  of  benzene. 

The  scale  of  ordinates  gives  the  resistance  in  ohms  of  the  platinum  resistance  thermometer,  and  the  scale  of 
abscissas  gives  the  time  in  minutes.  GHI  represents  the  equilibrium  portion  of  the  freezing  curve.  Zero 
time  is  given  by  the  intersection  of  the  liquid  cooling  line  with  GHI  extended.  The  same  data  are  plotted 
in  figure  5  with  a  magnified  scale  of  temperature. 


In  order  to  locate  accurately  the  resistance  corresponding  to  the 
freezing  point,  the  time-resistance  observations  are  plotted  as  shown 
in  figure  5,  with  the  same  time  scale  as  before  but  with  the  scale  of 
temperature  magnified  10  to  200  times.  The  equilibrium  portion  of 
the  curve,  GHI,  is  extended  back  to  its  intersection  at  F  with  the 
liquid  line  by  the  simple  geometrical  construction  shown  in  figure  6 
(taken  from  reference  [2]),  selecting,  for  this  purpose,  three  points 
(near  the  ends  and  the  middle)  of  the  equilibrium  portion  of  the 
curve.  The  point  F  gives  the  resistance  corresponding  to  the  freez¬ 
ing  point.  (For  details  regarding  the  identification  of  the  equilibrium 
portion  of  the  curve,  and  the  geometrical  construction  for  determining 
the  freezing  point,  see  reference  [2].) 

If  there  is  any  doubt  about  the  location  of  the  equilibrium  portion 
of  the  time-temperature  curve,  the  criterion  described  on  pages  210 
and  211  of  reference  [2]  may  be  applied.  This  procedure  [2]  involves 
plotting  values  of  (z—zm)/(R—Rm)  versus  (z—zm),  where  (Rm,  zm ) 
is  an  arbitrary  fixed  point  near  the  middle  of  the  equilibrium  portion 
and  (R,  z )  is  any  other  point  on  the  curve.  This  plot  yields  a  straight 
line  for  that  portion  of  the  time-termperature  curve  representing  the 
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equilibrium  portion,  and  which  has  been  obtained  according  to  the 
experimental  method  described  in  this  report.6 

The  observed  resistance  at  the  point  F,  corrected  by  one-half  the 
difference  between  the  “N”  and  “R”  readings,  and  by  appropriate 
calibration  corrections  to  the  coils  of  the  bridge,  if  necessary,  is  con¬ 
verted  to  temperature  in  degrees  centigrade.  A  convenient  procedure 
to  follow  for  this  purpose  is  to  put  the  calibration  constants  of  the 
platinum  resistance  thermometer  in  the  equation 

R=R0{  l+ci[(l  +  0.015)  -10-45f— 10-8/3(£-100)*2]},  (5) 


where  t  is  the  temperature  in  degrees  centigrade  and  R0,  5,  (3,  and  c,— 
(Rm~ Ro)/lOOR0,  are  the  calibration  constants  provided  by  the  Na¬ 
tional  Bureau  of  Standards  Thermometer  Laboratory  for  the  given 
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Figure  5. —  Time-temperature  coaling  curve  for  determining  the  freezing  point  of  a 

sample  of  benzene. 

The  scale  of  ordinates  gives  the  resistance  in  ohms  of  the  platinum  resistance  thermometer,  and  the  scale  of 
abscissas  gives  the  time  in  minutes.  OHI  represents  the  equilibrium  portion  of  the  freezing  curve.  The 
freezing  point  F  is  determined  as  described  in  the  text  (see  [2]).  These  data  are  the  same  as  those  plotted 
in  figure  4. 

thermometer.  The  foregoing  equation  with  four  constants  is  used 
for  the  range  —190°  to  0°  C.  For  the  range  above  0°  C,  (S  is  taken 
as  zero,  and  the  equation  is  simplified  to 

R =R0{  1+C<[(1  +  0.016) -10-45/]).  (6) 

With  this  equation,  values  of  R  are  calculated  to  0.00001  ohm,  for 
unit  degrees  in  the  range  of  interest.  (If  determinations  are  to  be 

5  This  plot  of  (z— z„)/(i?— Rm)  versus  (z— zm)  may  also  be  used  to  evaluate  tr  and  tf0,  as  described  on  pages 
210  and  211  of  reference  [2], 
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made  on  many  different  hydrocarbons,  time  will  be  saved  by  making 
up  at  the  start  a  table  of  such  values  of  R  for  unit  degrees  in  the  entire 
range).  Linear  interpolation  between  unit  degrees  may  be  used 
without  significant  error  to  obtain  the  temperature  corresponding  to 
the  given  resistance.  A  table  of  this  kind  covering  the  range  — 190° 
to  50°  C  can  be  put  on  a  sheet  14  by  17%  niches  in  size. 


Figure  6. — Geometrical  construction  for  determining  the  freezing  'point. 

Given  G,  H,  and  I  as  any  three  points  on  the  equilibrium  portion  of  the  freezing  curve,  preferably  spaced 
approximately  as  shown.  Construction  to  determine  t /:  Draw  AC  parallel  to  the  temperature  axis  at 
“zero”  time  (the  time  at  which  crystallization  would  have  begun  in  the  absence  of  undercooling).  Draw 
AB  through  I  parallel  to  the  time  axis.  Draw  a  line  through  G  and  H  intersecting  AB  at  E  and  AC  at 
D.  Draw  a  line  through  H  and  I  intersecting  AC  at  J.  Draw  a  line  through  J  parallel  to  DE,  intersecting 
AB  at  K.  Draw  a  line  through  K  and  G,  intersecting  AC  at  F.  F  is  the  desired  point,  representing  the 
freezing  point  of  the  given  sample.  Construction  to  determine  t;0:  Draw  a  line  through  G  parallel  to 
AB  and  a  line  through  I  parallel  to  AC,  the  two  lines  intersecting  at  L.  Draw  a  line  through  points  K 
and  L,  intersecting  AC  at  M.  M  is  the  desired  point,  representing  the  freezing  point  for  zero  inpurity,  t/0. 
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VII.  EVALUATION  OF  THE  FREEZING  POINT  FROM  A 

MELTING  CURVE 

Zero  time  is  determined  from  a  preliminary  plot  (as  for  the  freezing 
curve)  of  the  time-resistance  observations  covering  the  equilibrium 
portion  of  the  melting  curve  and  the  liquid  warming  line,  as  shown  in 
figure  7.  Zero  time  can  usually  be  determined  by  visual  extrapola¬ 
tion,  on  this  plot,  of  the  equilibrium  portion  of  the  melting  curve  to 
its  intersection  with  the  liquid  warming  line  extended  down  in  tem- 


Figure  7. —  Time-temperature  warming  curve  for  determining  “zero”  time  in  an 
experiment  on  a  sample  of  ethylbenzene. 

The  scale  of  ordinates  gives  the  resistance  in  ohms  of  the  platinum  resistance  thermometer,  and  the  scale 
of  abscissas  gives  the  time  in  minutes.  HG  represents  part  of  the  equilibrium  portion  of  the  melting 
curve.  Zero  time  is  given  by  the  intersection  of  HG  extended  to  its  intersection  with  the  backward  exten¬ 
sion  of  the  liquid  warming  line.  The  same  data  are  plotted  in  figure  8  with  a  magnified  scale  of 
temperature. 


perature  to  its  intersection  with  the  extension  of  the  equilibrium  por¬ 
tion  of  the  curve. 

The  location  of  the  freezing  point  at  F  is  done  exactly  as  in  the  case 
of  the  freezing  experiment,  except  that  the  geometrical  construction 
is  made  to  the  right,  as  in  figure  8.  See  figure  6  and  reference  [2]  for 
details. 

The  conversion  of  resistance  to  temperature  is  made  as  previously 
described. 
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TIME  IN  MINUTES 

Figure  8. — Time-temperature  warming  curve  for  determining  the  freezing  point  of 

a  sample  of  ethylbenzene. 

The  scale  of  ordinates  gives  the  resistance  in  ohms  of  the  platinum  resistance  thermometer,  and  the  scale 
abscissas  gives  the  time  in  minutes.  IHG  represents  the  equilibrium  portion  of  the  melting  curve.  The 
freezing  point  F  is  determined  as  described  in  the  text  (see  [2]).  These  data  are  the  same  as  those  plotted 
in  figure  7. 

VIII.  CALCULATION  OF  THE  PURITY  WHEN  THE  FREEZ¬ 
ING  POINT  FOR  ZERO  IMPURITY  IS  KNOWN 

When  the  values  of  the  freezing  point  for  zero  impurity  and  the 
cryoscopic  constants  are  known,  the  measured  value  of  the  freezing 
point  may  be  used  to  calculate  the  purity  of  the  given  sample  by 
means  of  the  equation 

l°gioP=2. 00000—  (A/2.30259)(tfo—tf)[l-\-B(tfo—tf)].  (7) 

In  eq  7,  p  is  the  purity  in  mole  percent,  tf  is  the  freezing  point,  Z/0  is  the 
freezing  point  for  zero  impurity,  and  A  and  B  are  the  cryoscopic  con¬ 
stants  6  defined  in  section  II. 

For  many  hydrocarbons  of  low  molecular  weight,  the  value  of  the 
constant  A  lies  in  the  range  0.005  to  0.06  deg-1  and  that  of  the  constant 

6  Selected  “best”  values  of  the  cryoscopic  constants  of  the  more  important  hydrocarbons  of  the  various 
classes  are  being  compiled  for  publication  in  a  joint  investigation  of  the  Thermochemical  Laboratory  and 
the  American  Petroleum  Institute  Research  Project  44  at  the  National  Bureau  of  Standards. 
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B  in  the  range  0.000  to  0.005  deg-1.  In  many  cases,  therefore,  the 
constant  B  may  be  neglected,  and  eq  3  reduces  to 

lo gwp = 2 .00000  -  (A/2 .30259)  (f/o-  tf) .  (8) 

For  small  values  of  eq  8  reduces  further  to 

2>=100[1-A(*/o-</)].  (9) 

In  terms  of  mole  fraction  of  the  major  component,  Ni,  the  equations 
corresponding  to  7  and  9  are 

logi0Ah=  —  (.4/2.30259)  (#/0— #/)[l  -\-B(tfo—  tf)]  (10) 

N,=  \-A(t„-tf).  (11) 

In  terms  of  mole  fraction  of  the  impurity,  N2,  which  is  1—Ni,  the 
limiting  equation  corresponding  to  eq  11  is 

N2=A(t,-t,).  (12) 


The  foregoing  equations  relating  purity  and  temperature  involve 
the  two  assumptions  that  all  of  the  impurity  in  the  given  sample  (a) 
remains  in  the  liquid  phase  during  crystallization,  and  (b)  forms 
with  the  major  component  a  substantially  ideal  solution.  With 
regard  to  assumption  (b),  it  is  apparent  that  when  a  given  hydro¬ 
carbon  has  been  put  through  a  logical  system  of  purification  there 
will  remain  as  impurity  only  those  hydrocarbons  (usually  close¬ 
boiling  isomers)  that  are  very  similar  to  the  major  component.  These 
latter  hydrocarbons  are,  however,  precisely  those  that  are  most 
likely  to  form  with  the  major  component  a  substantially  ideal  solu¬ 
tion.  With  regard  to  assumption  (a),  involving  the  absence  of  solid 
solutions,  the  following  points  should  be  noted:  The  possible  exist¬ 
ence  of  solid  solutions  need  be  considered  only  for  the  case  of  the 
major  component  and  its  most  probable  impurities  (usually  close¬ 
boiling  isomers) ;  among  hydrocarbons  of  low  molecular  weight,  close¬ 
boiling  isomeric  impurities  fortunately  seldom  possess  the  required 
shape  and  size  of  the  molecule  to  favor  the  formation  of  solid  solutions. 

However,  when  there  are  known  cases  where  a  given  hydrocarbon 
and  its  most  probable  impurity  (for  the  given  process  of  purification) 
form  solid  solutions,  or  otherwise  do  not  conform  to  the  requirements 
for  the  ideal  relations,  and  if  it  is  desired  to  translate  into  purity  the 
freezing  points  of  such  systems,  observations  should  be  made  on 
known  mixtures  of  such  hydrocarbons  for  the  purpose  of  evaluating 
the  actual  relation  between  freezing  point  and  purity.  In  general, 
in  those  cases  where  the  identity  of  the  impurity  is  known,  the  actual 
relation  between  purity  and  freezing  point  may  be  determined  experi¬ 
mentally  from  known  mixtures.  In  such  cases,  the  observed  rela¬ 
tion,  father  than  the  theoretically  calculated  relation  for  the  ideal 
solution,  should  be  used  if  the  former  is  found  to  differ  significantly 
from  the  latter. 

IX.  CALCULATION  OF  THE  PURITY  WHEN  THE  FREEZING 

POINT  FOR  ZERO  IMPURITY  IS  NOT  PREVIOUSLY 

KNOWN 

When  for  the  given  compound  under  examination,  the  freezing 
point  for  zero  impurity  is  not  previously  known,  its  value  may  be 
determined  by  application  of  the  procedures  previously  described 
[1,  2]. 
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The  first  of  these  procedures  may  be  performed  simply  as  follows: 
The  time  of  crystallization  is  determined  as  described  in  part  II-3 
of  reference  [1].  If  this  experiment  is  not  identical  with  the  one 
from  which  the  freezing  point  has  been  determined,  the  time  of  crys¬ 
tallization  for  the  latter  is  related  to  that  for  the  former  (with  the 
same  quantity  of  sample  in  both  experiments)  as  follows: 

(zx  m)  i/(zxin)2=(At/Az)2/(At/Az)u  (13) 

where  zxin  is  the  time  of  crystallization  in  minutes,  At/Az  is  the 
cooling  rate  (or  the  negative  of  the  warming  rate)  of  the  liquid  phase 
at  the  freezing  point  in  degrees  per  minute  or  ohms  per  minute,  and 
the  subscripts  1  and  2  identify  the  two  experiments.7 

Taking  the  rate  of  crystallization  to  be  substantially  constant  [1], 
the  fraction,  r,  crystallized  at  any  time  zT  is 

r=  (zT—zf)/zxln  (14) 

where  zf  is  “zero”  time  or  the  time  at  which  crystallization  begins 
(with  no  significant  amount  of  undercooling).  In  the  proper  appli¬ 
cation  of  eq  9  and  10,  it  is  necessary  that  the  rate  of  introduction  of 
energy  by  stirring  be  small  in  comparison  with  the  total  rate  of  heat 
flow  to  or  from  the  sample.8  If  the  stirring  energy  is  significantly 
large,  appropriate  correction  for  it  must  be  made  in  evaluating  the 
time  of  crystallization,  as  described  in  part  II-3  of  reference  [1]. 
The  time  zT  is  selected  as  far  as  possible  down  the  equilibrium  por¬ 
tion  of  the  curve  (see  GHI  in  fig.  5  and  8).  Then  the  freezing  point 
for  zero  impurity  is 

*'o=f/+(^7 “)  (tf—tr),  (15) 

where  tT  is  the  equilibrium  temperature  at  the  time  zT.  It  is  desir¬ 
able  to  make  the  determination  of  tf(>  from  several  experiments  on 
the  same  or  different  samples  of  the  highest  purity. 

When  the  value  of  the  freezing  point  for  zero  impurity  is  thus  de¬ 
termined,  and  a  value  of  the  cryoscopic  constant  (or  constants)  is 
known,  the  calculation  of  the  purity  is  made  by  means  of  the  appro¬ 
priate  equations  given  in  the  preceding  section. 

Whenever  the  value  of  the  cryoscopic  constant  A  is  not  known,  a 
value  for  it  may  be  determined  as  described  in  the  following  section. 

The  second  procedure  for  determining  tfo  is  described  on  pages  205- 
207  of  reference  [2].  This  procedure,  which  requires  no  additional 
experimental  data,  is  applicable  only  to  those  experiments  in  which 
the  time-temperature  observations  extend  over  a  sufficiently  large 
fraction  (of  the  order  of  %  to  %)  of  material  crystallized.  The  geo¬ 
metrical  construction  for  determining  tfo  by  this  procedure  is  illus¬ 
trated  in  figure  6.  If  the  point  M  lies  off  the  available  plotting  space, 

1 1f  the  resistance-time  curve  at  the  freezing  point,  for  either  a  melting  or  a  freezing  experiment,  is  not 
sufficiently  linear  to  permit  reasonably  accurate  evaluation  of  the  slope  directly  from  the  resistance-time 
plot,  the  slope  at  the  freezing  point  may  be  readily  evaluated,  from  the  data  of  either  the  freezing  or  the 
melting  experiment,  by  plotting,  as  a  function  of  time,  values  of  the  slope  of  successive  chords  of  the  resist¬ 
ance-time  curve  taken  as  the  difference  in  successive  readings  of  resistance  divided  by  the  time  interval  in 
minutes,  and  extrapolating  these  slopes  to  the  “zero”  time,  z/,  at  the  freezing  point. 

*  The  energy  of  stirring  may  be  readily  determined  by  having  the  substance  and  container  at  the  tempera¬ 
ture  of  the  jacket  (0°,  — 80°,  or  —185°  C),  taking  observations  of  resistance,  with  stirring,  for  a  period  of  10 
minutes,  stopping  the  stirrer  for  a  period  of  5  minutes,  again  taking  observations  of  resistance,  with  stir¬ 
ring,  for  another  period  of  10  minutes,  etc.  The  cessation  of  stirring  in  a  given  period  produces,  between 
the  two  periods  adjacent  to  it,  an  offset  (decrease)  of  the  resistance  (temperature)  curve  with  respect  to  time. 
The  actual  displacement  of  the  resistance-time  line  between  the  two  stirring  periods,  measured  at  the 
middle  of  the  period  of  no  stirring,  divided  by  6,  the  number  of  minutes  in  which  the  stirrer  was  halted, 
gives  the  value  of  the  stirring  energy  in  terms  of  the  change  of  resistance  (temperature)  per  minute,  of  the 
given  system. 
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its  value  may  be  determined  analytically  as  follows  [2]:  Given  the 
three  points  G,  H,  and  I  on  the  equilibrium  curve,  having  values  of 
time  equal  to  zG,  zH,  and  Z\  (with  point  H  having  been  selected  mid¬ 
way  between  G  and  I  in  point  of  time,  so  that  zG  —  zB  =  zR  —  zf)  and 
values  of  temperature  (resistance)  equal  to  tG,  tn,  and  b,  respectively. 
Then  (see  footnote  5) 

t,=lG+(tG-ti)Ku-l),  (16) 

where 

u=(tn  ti)/(tG  .  (17) 

In  general,  it  is  desirable  to  utilize  both  of  the  foregoing  procedures 
where  possible.  The  two  procedures  should  give  the  same  result 
within  the  respective  limits  of  uncertainty.  (See  fig.  5  in  reference  [2].) 

X.  DETERMINATION  OF  THE  CRYOSCOPIC  CONSTANT 

When  enough  of  the  given  compound  is  available,  the  ciyoscopic 
constant  may  be  determined  directly  by  measuring  the  lowering  of  the 
freezing  point  caused  by  the  addition  to  it  of  a  measured  amount  of 
an  appropriate  solute.  The  amount  of  the  given  compound  required 
is  about  40  ml,  and  its  purity  should  be  about  97  or  more  mole  percent. 
The  solute  required  to  be  added  is  one  that  will  form  with  the  given 
compound  a  substantially  ideal  solution  (with  no  solid  solutions),  its 
purity  should  be  about  97  or  more  mole  percent,  and  the  amount  re¬ 
quired  is  about  2  ml.  Preferably,  the  solute  a'dded  should  be  isomeric 
with  the  given  compound  and  the  impurity  in  the  solute  should  not 
include  any  significant  amount  of  the  given  compound.  Further¬ 
more,  the  solute  added  must  be  one  that  does  not  form  a  eutectic 
mixture  with  the  given  compound  at  the  resulting  concentration  in 
the  solution  formed.  In  genera],  eutectic  mixtures  of  this  low  con¬ 
centration  will  be  likely  to  occur  only  for  solutes  that  have  freezing 
points  much  higher  than  the.  given  substance.9 

Let  H  be  the  given  hydrocarbon  compound  under  examination. 
Measurement  is  made  of  the  freezing  point,  tfp,  of  a  sample  of  “pure” 
H,  according  to  the  procedure  described  in  the  preceding  sections  of 
this  report.  To  a  weighed  amount  of  40  ml  of  pure  H  is  added  2  ml 
of  the  given  solute,  with  the  weight  of  the  solute  being  determined 
from  the  increase  in  weight.  The  solution  thus  formed  is  one  in  which 
the  concentration  of  the  hydrocarbon  H  is  about  5  mole  percent  less 
than  in  the  pure  H.  Measurement  is  made  of  the  freezing  point,  t/, 
of  the  solution.  Let 

mp  =  the  mass  of  the  pure  H  used  in  making  the  solution  of  H. 

m9=the  mass  of  the  solute,  Q. 

Mp  —  the  molecular  weight  of  pure  H,  taken  to  be  that  given  by 
the  molecular  formula  of  H; 

A/?= the  molecular  weight  of  the  solute,  Q,  taken  to  be  that  given 
by  the  molecular  weight  of  Q: 

iVp=the  mole  fraction  of  H  in  pure  H  ; 

iVs  =  the  mole  fraction  of  H  in  the  solution  formed  from  H  and  Q, 
calculated  from  the  masses  and  molecular  weights.  If 
FI  and  Q  are  isomeric,  the  mole  fraction  is  identical  with 
the  weight  fraction. 

9  For  example,  p-xylene  (fp=13.26°  C)  forms  with  ethylbenzene  (fp=— 94.95°  C)  a  eutectic  mixture  in 
which  there  is  about  3J-£  mole  percent  of  p-xylene. 
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Then  the  following  relations  hold 

-\n  Np=A(t,0-t,p)  (18) 

-In  N°=A(tf0-t,‘)  (19) 

-In  ( Ns/Np)=A(tfp-t /)  (20) 

A=  -2.3026  [log10  (N3/Np)]/(tfp-tfs).  (21) 


For  many  compounds,  the  value  of  t/p—tfs  in  the  foregoing  experi¬ 
ments  will  be,  for  the  amounts  indicated,  about  1°  to  2°  C,  and  the 
uncertainty  in  the  resulting  value  of  the  cryoscopic  constant  should 
be  not  more  than  several  percent.  (See  reference  [31). 

In  case  40  ml  of  the  given  compound  in  a  purity  of  about  97  percent 
is  not  available  for  making  up  a  solution  as  described  above,  the  cryo¬ 
scopic  constant,  A,  may  be  determined,  without  contaminating  the 
sample,  from  a  value  of  the  heat  of  fusion  estimated  by  a  comparison 
with  observations  on  a  substance  whose  heat  of  fusion  is  known  []]. 
The  procedure  is  as  follows:  Select  a  similar  compound  F  whose  heat 
of  fusion  is  known  and  whose  freezing  point  is  within  about  15°  C  of 
that  of  the  compound  G  whose  heat  of  fusion  is  to  be  estimated. 
Perform  a  complete  time-temperature  freezing  experiment  on  the 
substance  F,  and  likewise  on  the  substance  G,  using  substantially  the 
same  number  of  moles  in  each  case  and  the  same  jacket  temperature. 
For  each  of  the  experiments,  the  corrected  time  of  crystallization  is 
determined.  Then,  approximately, 

(22) 

The  foregoing  relation  will  yield  a  value  for  the  heat  of  fusion,  and 
hence  the  cryoscopic  constant,  which  will  in  most  cases  be  uncertain 
by  not  more  than  about  20  percent  of  itself.  The  accuiacy  of  this 
procedure  can  be  improved  by  using  two  reference  substances,  one  of 
freezing  point  above  and  the  other  below  that  of  the  given  substance, 
and  appropriately  interpolating. 

Where  possible,  the  method  of  determining  the  cryoscopic  constant 
by  direct  measurement  of  the  lowering  of  the  freezing  point  is  to  be 
preferred  over  the  approximate  method  described  in  the  preceding 
paragraph.  For  use  in  the  ideal  systems  discussed  in  this  report,  the 
most  accurate  values  of  the  cryoscopic  constants  are  usually  derived 
from  heats  of  fusion  measured  calorimetrically. 

XI.  DISCUSSION 

Duplicate  determinations  of  the  freezing  point  of  a  given  sample 
made  by  a  given  operator  with  the  apparatus  and  procedure  described 
in  sections  III  to  VII  will  usually  differ  by  not  more  than  0.002  to 
0.005  degree  centigrade,  except  for  very  impure  samples  and  for  com¬ 
pounds  having  rather  small  values  of  the  cryoscopic  constant  A.  It 
follows  that  duplicate  determinations  would  yield  values  of  purity  (in 
mole  percent)  differing  usually  by  not  more  than  0.2  to  0.5  times  the 
cryoscopic  constant  A  (in  deg-1). 

Determinations  of  the  freezing  point  of  a  given  sample  made  in 
different  laboratories  with  the  apparatus  and  procedure  described  in 
sections  III  to  VII  should  normally  differ  by  not  more  than  about 
0.01  to  0.02  degree  centigrade,  if  the  resistance  bridges  and  the  plati- 


192/371 


J oumal  of  Research  of. the  National  Bureau  of  Standards 

num  resistance  thermometers  have  been  properly  calibrated,  as  with 
constants  certified  by  the  National  Bureau  of  Standards,  and  measure¬ 
ments  of  the  ice  point  are  made  at  appropriate  intervals. 

Assuming  that  the  impurity  remains  entirely  in  the  liquid  phase 
during  crystallization  and  forms  with  the  major  component  a  sub¬ 
stantially  ideal  solution,  the  uncertainty  in  the  value  of  the  purity  of 
a  given  sample  determined  with  the  present  apparatus  and  procedure 
will  include  (a)  an  uncertainty  in  the  value  of  the  freezing  point  tf , 
which  uncertainty  has  been  discussed  above,  and  (b)  an  uncertainty 
in  the  given  value  of  t/g.  For  substances  having  a  large  value  of  the 
cryoscopic  constant  A,  the  uncertainty  in  tfg  will  usually  be  near  0.01 
to  0.03  degree  centigrade,  if  the  sample  available  for  measurement  has 
a  purity  of  about  99.8  or  more  mole  percent.  For  substances  having 
a  small  value  of  the  cryoscopic  constant  A,  the  uncertainty  in  tf  may 
be  near  0.05  to  0.10  degree  centigrade,  when  the  determination  is 
made  on  a  sample  having  a  purity  of  about  99.8  or  nlore  mole  percent. 
The  uncertainty  in  the  value  of  tfg  will,  of  course,  decrease  with  increase 
in  the  purity  of  the  sample.  As  discussed  in  section  VIII,  calculations 
relating  to  systems  of  known  components  should  be  based,  when 
possible,  upon  actual  experimental  observations  on  known  mixtures 
of  such  compounds. 

For  those  compounds  that  have  one  or  more  metastable  forms 
whose  freezing  points  can  be  determined,  it  becomes  necessary  to 
ascertain  for  which  crystalline  form  the  determined  freezing  point 
has  been  obtained.  For  those  cases  where  the  freezing  point  (for 
zero  impurity)  of  metastable  form  II  is  more  than  a  few  degrees  below 
that  of  the  stable  form  I,  there  is  little  difficulty  in  identifying  the 
forms,  as  it  would  usually  require  a  rather  impure  sample  of  form  I 
to  have  a  freezing  point  below  that  of  a  pure  sample  of  form  II. 
When  the  difference  in  the  freezing  points  (for  zero  impurity)  of  the 
two  forms  is  less  than  several  degrees,  and  especially  when  the  differ¬ 
ence  is  less  than  one  degree,  the  problem  of  identifying  the  forms  is 
somewhat  more  involved.  However,  except  in  the  most  complicated 
case,  it  is  possible  to  determine  the  value  of  tfg  yielded  by  the  given 
experiment  (as  outlined  in  section  IX)  and  to  identify  the  crystalline 
form  from  the  value  of  tf. 

Measurements  of  freezing  points  of  actual  “best”  samples,  with 
evaluation  of  freezing  points  for  zero  impurity,  together  with  determi¬ 
nations  of  cryoscopic  constants  as  required,  have  been  made,  according 
to  the  method  and  procedures  described  in  this  report,  on  approxi¬ 
mately  80  different  purified  hydrocarbons  of  the  paraffin,  alkyl  eye!  o- 
pentane,  alkylcvclohexane,  alkylbenzene,  monoolefin,  diolefin,  and 
cyclomonoolefin  series  in  connection  with  the  work  at  this  Bureau 
of  the  American  Petroleum  Institute  Research  Project  6  on  the  puri¬ 
fication  and  properties  of  hydrocarbons..  Determinations  of  the 
purity  of  the  NBS  Standard  Samples  of  hydrocarbons  are  also. being 
made  by  the  procedures  described  in  this  report.  Complete  details 
of  this  experimental  wrork  will  appear  in  other  reports  from  the 
National  Bureau  of  Standards  [7]. 
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Double  Freezing-Point  Method  for  Determination 

of  Styrene  Purity 
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A  method  is  described  for  determining  the  purity  of  recycle  and  blended  styrene 
monomer,  in  which  the  purity  is  from  87  to  98%  and  the  principal  impurities 
are  ethylbenzene,  4-vinylcyclohexene,  and  1,3-butadiene.  The  data  required 
are  the  freezing  points  of  the  original  sample  and  of  a  portion  from  which  the 
volatile  impurities  have  been  removed.  The  separation  of  low-boiling  hydro¬ 
carbons  is  accomplished  by  complete  evaporation  of  a  portion  of  the  sample 
under  low  pressure  and  condensation  of  the  styrene  and  heavy  impurities  as 
solid  in  a  trap  at  —65°  C.  The  probable  error  of  the  method  is  estimated  at 
±0.15  weight  %  of  styrene  in  samples  of  lower  purity. 


THE  measurement  of  the  freezing-point  depression  is  one  of 
the  most  convenient  ways  of  determining  the  purity  of  hydro¬ 
carbons  in  general.  The  method  presented  here  demonstrates 
what  may  be  accomplished  by  the  use  of  liquid-in-glass  thermom¬ 
eters  for  routine  work  in  industrial  laboratories  where  the  time, 
personnel,  and  equipment  may  not  be  available  for  the  more 
accurate  technique  using  platinum  resistance  thermometers. 
The  method  also  includes  a  simple  and  effective  procedure  for 
separating  very  volatile  impurities  when  they  are  present  in 
amounts  up  to  a  few  per  cent. 

The  method  was  developed  for  determination  of  the  purity  of 
recycle  and  blended  styrene  in  the  synthetic  rubber  plants  under 
the  control  of  the  Office  of  Rubber  Reserve  of  the  Reconstruction 
Finance  Corporation. 

THEORETICAL 

If  a  solution  which  is  predominantly  styrene  is  ideal  with  re- 
spect  to  all  the  constituents,  and  if  the  impurities  remain  in  the 
liquid  phase  while  the  styrene  is  being  frozen,  we  may  write  (4,  5) : 


STIRRER 


-  In  Nr  =  AAt(l  +  BAt...) 


(1) 


where  N\  is  the  mole  fraction  of  styrene,  At  =  to  —  tf,  the  differ¬ 
ence  between  the  freezing  points  of  pure  styrene  and  solution, 
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RTS 
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STYRENE 

freezing  point  Apparatus 

Figure  I.  Styrene  Freezing  Point 
Apparatus 


Figure  2.  Apparatus  for  Separation 
of  Low-Boiling  Impurities 


To,  A  H0,  and  A CVi  represent,  respectively,  the  freezing  point 
(degrees  Kelvin),  molar  heat  of  fusion,  and  change  of  molar  heat 
capacity  on  fusion,  of  pure  styrene.  Terms  of  higher  order  than 
those  indicated  in  the  parentheses  in  Equation  1  may  be  neglected. 

Since  in  plant  practice  it  is  required  that  the  purity  of  the  sam¬ 
ple  be  given  in  weight  per  cent,  it  is  necessary  to  have  an  evalu¬ 
ation  of  the  number,  nature,  and  relative  amounts  of  the  impuri¬ 
ties,  in  addition  to  the  conditions  imposed  in  Equation  1.  The 
principal  impurities  in  recycle  styrene  are  ethylbenzene,  4-vinyl¬ 
cyclohexene,  and  1,3-butadiene  ( 1 ,  2);  it  has  been  assumed  that 
others  are  present  in  negligible  amounts. 
If  it  is  further  assumed  that  the  ratio  of 
ethylbenzene  to  4-vinylcyclohexene  is 
approximately  constant,  only  two  inde¬ 
pendent  measurements  are  needed  to  fix 
the  weight  per  cent  of  styrene.  The 
last  assumption  is  justified  because  the 
molecular  weights  of  the  two  C8  impuri¬ 
ties  are  so  close  together  that  for  a  given 
number  of  total  moles  of  ethylbenzene 
and  4-vinylcyclohexene,  even  large  varia¬ 
tions  in  their  molecular  ratio  will  cause 
only  small  differences  in  their  total  weight 
per  cent  actually  present  in  the  sample 
and  also  calculated  from  freezing-point 
depression  if,  again,  the  solution  is  ideal. 

The  two  independent  measurements 
chosen  are  the  freezing  points  of  the 
sample  before  and  after  separation  of 
the  light  hydrocarbons  from  it.  It  is 
obviously  of  practical  advantage  to  have 
a  single  procedure  for  both  measure¬ 
ments. 

By  applying  Equation  1  to  both  freez¬ 
ing  points,  equations  were  developed  for 
the  weight  per  cent  of  C8  impurity  in 
the  Cr-free  sample,  the  weight  per  cent 
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Figure  4.  Experimental  Freezing  Point  Depression  of  Styrene  by 
Ethylbenzene  and  4-Vinylcyclohexene 


of  butadiene,  and  the  weight  per  cent  ot 
styrene.  The  assumption  of  ideality,  on 
which  these  equations  were  based,  is  invalid, 
however,  for  solutions  of  ethylbenzene  and 
butadiene  in  styrene.  Since  it  was  found 
that  an  error  of  as  much  as  0.7%,  in  90% 
styrene  solutions,  can  be  introduced  by  the 
use  of  the  theoretical  equations,  they  were 
discarded  in  favor  of  empirical  relations  ob¬ 
tained  from  experimental  data,  as  described 
below. 

APPARATUS  AND  MATERIALS 

The  freezing-point  apparatus  (Figure  1) 
consists  of  a  665-ml.  unsilvered  Dewar 
vacuum  flask  of  Pyrex,  a  nest  of  three  test 
tubes,  and  a  stirrer  operated  by  a  recip¬ 
rocating  vacuum-type  stirrer  motor.  (This 
apparatus  is  substantially  the  same  as  that 
designed  by  Irving  Madorsky,  Rubber  Sec¬ 
tion,  National  Bureau  of  Standards,  for 
freezing-point  purity  of  fresh  styrene.)  The 
temperature  of  the  styrene  is  measured  with 
a  mercury-thallium-filled  thermometer,  de¬ 
signed  in  this  laboratory  especially  for 
freezing  points  of  recycle  styrene.  This 
thermometer  is  graduated  from  —42°  to 
—  29°  C.  in  0.05°  with  an  auxiliary  scale 
from  —0.5°  to  +0.5°  G.,  and  has  a  total 
length  of  470  to  480  mm.,  a  bulb  length  of 
50  to  60  mm.,  and  a  diameter  of  6  to  7  mm. 

The  apparatus  for  separation  of  low-boiling 
impurities  (Figure  2)  consists  of  an  evaporating 
flask  and  a  cold  trap,  connected  as  shown  by 
glass  tubing  (8  to  10  mm.  in  outside  diameter) 
and  heavy- walled  neoprene  connectors.  The 
bath  surrounding  the  cold  trap  is  contained  in  a 
Dewar  flask,  preferably  silvered.  The  vacuum 
pump  used  with  this  apparatus  is  capable  of  re¬ 
ducing  the  pressure  to  less  than  0.5  mm.  of 
mercury  and  has  a  capacity  sufficient  to  main¬ 
tain  the  pressure  below  10  mm.  of  mercury  when 
pumping  on  the  impure  styrene  solution. 

The  materials  necessary  for  an  analysis  are 
dry  ice  and  a  freezing  mixture  made  of  equal 
parts  by  volume  of  chloroform  and  carbon 
tetrachloride. 

The  following  materials  were  used  in  making 
up  the  solutions  for  investigation  of  the  method: 

Styrene.  Two  lots  of  styrene  monomer  were 
specially  purified  by  the  Dow  Chemical  Com¬ 
pany.  The  purities  of  the  two  lots,  by  freezing  point,  were  99.80 
and  99.90  weight  %. 

Ethylbenzene.  A  sample  purified  by  the  Petroleum  Labora¬ 
tory  of  the  Pennsylvania  State  College,  at  least  99.5%  pure  by 
melting  point,  was  used. 

4-Vinylcyclohexene.  The  sample  used  was  purified  by  frac¬ 
tional  distillation  by  the  Koppers  Company.  From  refractive 
index  and  specific  gravity  measurements,  its  purity  was  judged  to 
be  better  than  95%. 

1,3-Butadiene.  Phillips  Petroleum  Company’s  Pure  Grade 
butadiene,  99%  pure  by  freezing  point,  was  used  without  further 
purification. 

PROCEDURE 

The  following  procedure,  although  describing  operations  on 
plant  samples,  is  also  applicable  to  the  synthetic  mixtures  dis¬ 
cussed  later.  The  first  step  in  an  analysis  is  to  determine  the 
freezing  point,  h,  of  a  portion  of  the  original  sample.  The  next 
step  is  to  remove  the  light  hydrocarbon  impurities  from  another 
portion  of  the  sample  and  determine  its  freezing  point,  <*.  From 
ti  is  computed  the  weight  per  cent  of  heavy  impurity,  p1(  in  this 
sample  from  which  the  light  hydrocarbons  have  been  removed. 
Finally  the  weight  per  cent  of  light  impurity,  p«,,  in  the  original 
material  is  computed  from  the  difference  in  the  two  freezing 
points,  tt  —  t,. 


Samples  of  recycle  and  blend  styrene  to  be  analyzed  are 
obtained  in  clean  screw-cap  bottles  of  about  1-pint  capacity. 
These  samples  are  chilled  to  40°  F.  (4:4°  C.)  before  analysis  in 
order  to  minimize  the  loss  of  light  hydrocarbons  by  evaporation. 

Determination  of  Freezing  Points.  The  freezing  mixture  in  the 
Dewar  flask  is  cooled  with  dry  ice  to  —43°  C.  Approximately  10 
ml.  of  the  sample  are  placed  in  the  innermost  test  tube  and  the 
apparatus  is  assembled  as  in  Figure  1.  The  thermometer  is 
immersed  at  least  2  cm.  above  the  bulb  and  the  bath  level  is  about 
2  cm.  above  the  sample.  Throughout  the  determination  the 
sample  is  stirred  at  the  rate  of  about  150  strokes  per  minute,  and 
the  bath  is  maintained  (by  addition  of  small  pieces  of  dry  ice) 
within  0.5°  of  a  temperature  selected  so  that  the  rate  of  cooling  of 
the  sample,  while  freezing,  is  near  0,1°  C.  per  minute.  This  rate 
of  freezing  is  produced  by  temperatures  from  —42°  to  —44°  C. 
with  the  apparatus  shown  in  Figure  1. 

The  temperature  of  the  sample  is  read  to  0.01°  C.  at  30-second 
intervals;  at  least  three  readings  are  taken  before  freezing  begins 
and  from  20  to  25  after  freezing  begins.  The  time-temperature 
readings  are  plotted  on  a  graph  which  is  scaled  so  that  1  °  (on  the 
ordinate)  is  equal  to  10  cm.  and  10  minutes  are  equal  to  10  cm. 

The  unoorrected  freezing,  points  are  determined  by  extrapolat- 
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Figure  5.  Deviation  of  Experimental  Freezing  Points  from 
Equation  4  for  Mixtures  with  No  Butadiene 


Figure  6.  Freezing  Point  Depression  by 
1,3-Butadiene  of  Styrene  Containing 
6.37  Weight  %  Cs  Impurity 


mg  the  time-temperature  curves  by  a  graphical  method  described 
by  Taylor  and  Rossini  (4).  This  method  is  illustrated  in  Figure 
3. 

After  the  liquid  cooling  curve,  OP,  and  a  vertical  line,  AB,  are 
drawn  at  the  estimated  time,  Z/,  that  freezing  would  have  begun 
in  the  absence  of  undercooling,  three  experimental  points  G,  H, 
and  7  are  chosen  about  equally  spaced  and  as  far  apart  as  possible; 
G  is  sufficiently  far  from  the  beginning  of  freezing  so  that  essential 
equilibrium  has  been  established.  A  horizontal  line  is  drawn 
through  7,  UE  is  drawn  through  H  and  G,  JI  is  drawn  through  H 
and  7,  and  JK  is  drawn  parallel  to  DE.  The  extrapolated  freez¬ 
ing  point,  F,  is  obtained  by  drawing  a  line  from  K  through  G  to 
intersection  with  AB. 

The  corrected  freezing  points  are  obtained  by  adding  alge¬ 
braically  to  the  uncorrected  values,  the  calibration  correction,  the 
change  in  ice-point  correction  since  the  original  calibration,  and 
the  correction  for  emergent  stem,  for  the  thermometer  used.  The 
corrected  freezing  point  of  the  original  sample  is  called  tx,  and  the 
corrected  freezing  point  of  the  sample  after  removing  butadiene  is 
called  <j.  The  respective  freezing-point  lowerings,  A<i  and  A4, 
are  obtained  by  subtraction  from  —30.63°  C.,  the  freezing  point 
of  pure  styrene  (3).  The  per  cent  styrene  is  calculated  from 
Equations  4,  5,  and  6,  or  from  a  nomogram  prepared  from  them. 

In  order  to  realize  the  greatest  possible  accuracy  with  liquid-in¬ 
glass  thermometers  it  is  necessary  to  check  their  calibration  and 
the  freezing-point  procedure  being  followed.  These  thermom¬ 
eters  are  prone  to  change  in  bulb  volume  and  rise  in  ice  point, 
particularly  during  the  first  few  months  after  manufacture.  It  is 
not  unusual  for  this  change  to  be  as  great  as  0.1  °  C. 

The  thermometers  are  calibrated  before  use  by  the  National 
Bureau  of  Standards. 

Calibration  corrections  are  obtained  under  total  immersion  con¬ 
ditions  at  —40°,  —35°,  —30°,  an<t0°  C.,  are  stated  to  0.01  °  C., 


and  are  good  to  0.02°  C.  If  the  bulb 
volume  changes,  the  calibration  at  all  points 
on  the  scale  will  be  changed  by  a  constant 
amount;  this  correction  is  obtained  by  tak¬ 
ing  ice  points  weekly  during  the  first  six  months 
of  the  life  of  the  thermometer,  or  until  it  ap¬ 
pears  that  only  small  changes  are  taking  place. 
Ice  points  are  checked  every  month  or  two 
after  that.  Good  ice  points  are  obtained  by 
crushing  clean,  clear  ice,  washing  it,  and  mak¬ 
ing  a  thick  slush  with  distilled  water.  The 
thermometer  is  immersed  to  the  0°  mark  in 
this  slush,  in  a  vessel  protected  from  radiation. 

A  further  control  measure  is  freezing  of  a 
standard  material  of  known  freezing  point. 
A  stable  reference  substance,  having  a  freez¬ 
ing  point  close  to  that  of  styrene,  is  bromo- 
benzene.  A  sampleof  this  substance,  with  a  freezing  point  certified 
by  the  National  Bureau  of  Standards,  is  frozen  in  the  same  way  as  a 
sample  of  styrene,  except  that  freezing  is  continued  until  the  stirrer 
begins ‘to  labor  or  until  the  sample  has  been  freezing  about  20 
minutes.  The  points  are  plotted  with  a  temperature  scale  about 
5  times  as  sensitive  as  that  for  styrene.  In  following  the  ex¬ 
trapolation  procedure  given  above,  it  is  important  to  disregard 
the  initial  flat  portion  of  the  freezing  curve,  by  choosing  points  G, 
H,  and  7  (Figure  3)  so  that  G  is  on  the  downward-sloping  portion 
of  the  curve.  Errors  of  several  hundredths  of  a  degree  were  dis¬ 
covered  after  failure  to  observe  this  precaution  on  two  occasions. 

By  making  use  of  these  checks,  an  accuracy  of  ±0.02°  C.  can 
be  obtained. 

Separation  of  Low-Boiling  Impurities.  Since  the  low-boiling 
impurities  (principally  butadiene)  differ  so  greatly  in  volatility 
from  the  remainder  of  the  impure  styrene  mixture,  they  may  be 
effectively  remQved  by  the  following  simple  procedure. 

About  15  ml.  of  the  original  sample  are  poured  into  the  flask  of 
the  evaporating  apparatus  (Figure  2),  and  the  apparatus  is 
assembled  as  shown  and  connected  to  the  pump  and  a  small 
manometer.  Before  the  clamp  above  the  flask  is  opened,  the 
system  is  pumped  out  to  less  than  0.5  mm.  and  the  cold  trap  is 
cooled  with  a  carbon  tetrachloride-chloroform  mixture  main¬ 
tained  at  —65°  C.  with  dry  ice.  While  the  flask  is  shaken 
gently,  the  clamp  is  opened  slowly  enough  so  that  the  pressure 
does  not  rise  above  10  mm.  After  the  clamp  is  open,  a  beaker  of 
warm  water  placed  around  the  flask  aids  evaporation.  The 
styrene,  ethylbenzene,  and  4-vinylcyclohexene  are  condensed  as 
solid  on  the  walls  of  the  trap,  while  the  light  hydrocarbons  pass 
through  as  vapor.  When  the  sample  has  completely  evaporated, 
the  cold  trap  is  detached,  the  contents  are  allowed  to  melt,  and  the 
freezing  point  of  the  condensate  is  determined. 

DATA  ON  SYNTHETIC  MIXTURES 

In  order  to  investigate  the  method  and  develop  the  required 
empirical  relationships  between  freezing  point  and  composition,  a 
series  of  experiments  was  made  on  68  synthetic  mixtures  ranging 
from  87  to  98%  styrene.  The  mixtures  were  made  up  with 
known  composition  and  their  freezing  points  determined  by  the 
procedure  described  above.  The  first  thirty  of  these  styrene 
solutions  contained  the  solutes  ethylbenzene  and  4-vinylcyclo¬ 
hexene  in  ratios  of  2.2  to  1  and  1  to  2.  At  a  much  later  time, 
freezing  points  of  eight  solutions  containing  ethylbenzene  and  4- 
vinylcyclohexene  in  various  ratios  were  obtained.  Some  freezing 
points  were  also  obtained  with  a  platinum  resistance  thermometer 
on  solutions  containing  ethylbenzene  and  4-vinylcyclohexene  in 
1  to  1  ratio.  The  freezing-point  lowering  is  plotted  against 
weight  per  cent,  for  all  these  solutions  containing  no  light  hydro¬ 
carbons,  in  Figure  4.  Various  equations  were  fitted  to  these 
points  by  the  method  of  least  squares.  Separate  equations 
through  the  points  representing  different  ratios  of  the  impurities 
could  be  obtained,  but  at  90%  styrene,  the  difference  in  per  cent 
styrene  found  by  using  2.2  to  1  ratio  of  ethylbenzene  to  4-vinyl¬ 
cyclohexene  instead  of  1  to  2  was  only  0.16%.  Since  there  does 
not  exist  at  this  time  a  good  independent  method  for  determining 
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the  ratio  of  these  two  impurities,  and  there  is  some  evidence  that 
the  ratio  is  usually  in  the  neighborhood  of  1  to  1  (2),  a  least 
square  fit  was  obtained  using  a  quadratic  function  of  A<2  for  all  the 
points  together.  This  equation  is 

p,  =  2.389  A  h  +  0.003  A/22  (4) 

and  is  shown  by  curve  B  in  Figure  4.  Curve  A  is  obtained  from 
the  laws  of  ideal  solutions.  The  deviations  of  observed  freezing- 
point  depressions  from  those  calculated  by  Equation  4  are  shown 
in  Figure  5.  As  expected,  most  of  the  points  representing  2.2  to  1 
ratio  of  ethylbenzene  to  4-vinylcyclohexene  give  negative  devi¬ 
ations,  while  those  of  the  inverse  ratio  are  positive. 

By  low-temperature  condensation  in  vacuum,  butadiene  in 
various  amounts  was  added  to  various  mixtures  of  styrene  and  the 
i  to  1  mixture  of  ethylbenzene  and  4-vinylcyclohexene.  The 
nonideality  of  the  butadiene-styrene  solutions  is  shown  by  the 
points  of  one  series  of  solutions  in  Figure  6.  The  solutions  in  this 
series  were  made  by  adding  butadiene  to  styrene  containing  6.37 
weight  %  of  ethylbenzene  and  4-vinylcyclohexene  (1  to  1).  Other 
series  containing  different  amounts  of  heavy  impurities  gave 
similar  curves.  After  the  freezing-point  determinations,  the 
added  butadiene  was  removed  (from  fresh  portions  of  the  solu¬ 
tions)  by  the  vacuum  evaporation  procedure  given  above,  and 
freezing  points  (f2)  were  determined.  It  was  found  that  the 
weight  per  cent  of  butadiene  could  be  represented  within  the  ex¬ 
perimental  error  by  the  equation 


p2  =  1.366(<2  -  1 1)  -  0.025(t2  -  b)2  (5) 

The  deviations  of  the  experimental  values  of  b  —  h  from  those 
calculated  by  Equation  5  are  plotted  against  weight  per  cent  of 
butadiene  in  Figure  7.  No  correlation  with  content  of  heavy 
impurities  is  observed. 
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Figure  7.  Deviation  of  Experimental  Freezing  Point 
Lowering  by  Butadiene  from  Empirical  Equation  5 


The  weight  per  cent  of  styrene  in  the  original  sample  was 
obtained  from  the  equation 

„  _  (100  -  pi)(100  -  p,) 

Pi  - Too -  (6) 

The  average  of  the  deviation  of  all  the  solutions  from  the  calcu¬ 
lated  value  of  pi  obtained  by  Equation  4  was  ±0.06  weight  %. 
The  average  deviation  of  p2,  in  the  synthetic  mixtures  containing 
butadiene,  from  the  value  calculated  by  Equation  5,  was  ±0.05. 


Figure  8.  Change  in  Freezing  Point  of  Impure  Styrene 
Solutions  Caused  by  Adding  and  Removing  1,3-Buta¬ 
diene,  Plotted  against  Weight  Per  Cent  of  1,3-Butadiene 


Figure  9.  Change  in  Freezing  Point  of  Impure  Styrene 
Solutions  Caused  by  Adding  and  Removing  1,3-Buta¬ 
diene,  Plotted  against  Weight  Per  Cent  of  Cs  Impurity 


The  weight  per  cent  of  styrene  in  all  solutions  was  calculated  by 
use  of  Equations  4,  5,  and  6,  and  compared  with  the  actual  values; 
the  average  deviation  in  p3  was  ±0.06. 

The  efficiency  of  the  separation  of  low-boiling  impurities  is 
shown  by  the  results  obtained  on  seventeen  synthetic  mixtures, 
which  are  plotted  in  Figures  8  and  9.  The  difference  in  freezing 
point  of  the  sample  before  adding  butadiene  and  after  removing  it 
by  vacuum  evaporation  is  plotted  against  per  cent  butadiene  in 
Figure  8.  No  correlation  is  observed.  In  Figure  9  the  change  in 
freezing  point  of  the  same  samples,  due  to  the  addition  and  re¬ 
moval  of  butadiene,  is  plotted  against  per  cent  heavy  impurity  in 
the  sample.  The  positive  side  of  the  A tj  axis  is  the  direction  of 
increase  of  purity  upon  separation.  From  these  two  graphs,  it  is 
evident  that  the  greater  the  percentage  of  ethylbenzene  and  4- 
vinylcyclohexene,  the  more  of  these  substances  are  removed  in 
the  separation,  regardless  of  the  amount  of  butadiene.  This 
observation  seems  to  indicate  that  the  error  is  caused  by  distilla¬ 
tion  of  the  heavier  fraction  rather  than  by  the  sweeping  of  solid 
particles  through  the  trap.  The  latter  effect  would  be  the  first 
error  suspected  in  the  arrangement  of  this  apparatus,  but  such 
effects  are  partly  dependent  upon  the  amount  of  gas  passing 
through. 


ACCURACY 

The  error  in  the  freezing-point  determinations  which  is  caused 
by  the  use  of  a  liquid-in-glass  thermometer  should  not  exceed 
0.03°  C.  Reproducibility  of  freezing  points  in  this  laboratory, 
using  different  thermometers  and  different  operators,  has  been  of 
the  order  of  0.02°  C. 

There  is  no  evidence  that  there  is  any  error  in  the  first  freezing 
point  (ti)  caused  by  evaporation  of  light  hydrocarbons  from  the 
sample  in  the  freezing  tube,  at  least  for  samples  containing  less 
than  3%  butadiene,  provided  the  sample  is  thoroughly  chilled 
before  testing.  If  the  first  freezing  point  is  correct,  any  error  in 
the  second  freezing  point  (h)  such  as  indicated  by  Figures  8  and  9, 
will  result  in  a  portion  of  the  heavy  impurity’s  being  calculated  as 
butadiene,  or  the  reverse.  Thus  the  error  in  per  cent  styrene  is 


essentially  the  difference  between  the  error  in  and  in  p2,  or 
approximately  the  value  of  the  error  in  <2. 

The  error  which  can  be  made  by  assuming  that  the  ratio  of 
ethylbenzene  to  4-vinylcyclohexene  is  1  to  1  may  be  as  large  as 
0.5%  if  the  impurity  is  entirely  one  or  the  other.  However,  those 
recycle  styrenes  which  have  been  investigated  have  contained 
these  impurities  in  ratios  from  1 : 2  to  2 : 1. 

An  appreciable  error  in  the  method  is  introduced  by  the 
assumption  that  the  only  impurities  are  ethylbenzene,  4-vinyl- 
cyclohexene,  and  1,3-butadiene.  The  presence  of  C4  hydrocar¬ 
bons  other  than  butadiene  is  not  important,  but  there  is  recent 
evidence  that  recycle  styrene  contains  C9  hydrocarbons,  par¬ 
ticularly  isopropylbenzene,  in  amounts  which  may  be  as  large  as 
1.5%  (2).  Ail  error  of  as  much  as  0.2  in  the  weight  per  cent  of 
styrene  may  thus  be  made. 

After  consideration  of  all  the  above  sources  of  error,  the  prob¬ 
able  error  in  weight  per  cent  of  styrene  as  determined  by  the 
double  freezing  point  method  is  set  at  ±0.15,  for  samples  of  90% 
purity. 
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Note  on  Temperature  Correction  Methods  in  Calorimetry 
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The  problem  of  correcting  calorimetric  data  for  thermal  leakage  has  been  discussed  by 
King  and  Grover  in  a  recent  paper  in  this  Journal.  From  their  analysis  of  the  problem  these 
authors  have  concluded  that  large  errors  are  involved  in  the  usual  methods  of  correcting  the 
data  of  bomb-calorimetric  measurements,  and  of  experiments  by  the  method  of  mixtures. 
In  the  present  note  it  is  shown,  in  agreement  with  W.  P.  White’s  treatment  of  calorimetric 
lag,  that  in  the  case  of  bomb-calorimetric  measurements  the  errors  in  question  are  practically 
completely  eliminated  by  calibrating  the  calorimeter  experimentally.  Since  experimental 
calibration  of  the  calorimeter  is  the  usual  practice  in  modern  bomb-calorimetric  measurements, 
the  results  of  such  measurements  are  not  affected  by  the  errors  discussed  by  King  and  Grover. 
In  the  case  of  measurements  by  the  method  of  mixtures  these  errors  can  be  avoided  by  so 
conducting  the  experiment  that  the  final  temperature  of  the  calorimeter  will  be  very  near 
the  convergence  temperature. 


IN  a  recent  paper  in  this  Journal,  King  and 
Grover1  have  presented  a  mathematical 
treatment  of  the  problem  of  correcting  calori¬ 
metric  data  for  thermal  leakage.  They  conclude 
from  their  analysis  of  the  problem  that  large 
errors  are  introduced  into  the  results  of  bomb- 
calorimetric  measurements,  and  of  measurements 
by  the  method  of  mixtures,  by  the  usual  methods 
of  calculating  the  correction  for  thermal  leakage. 
For  a  particular  hypothetical  experiment  they 
report  that  the  usual  methods  of  calculation  lead 
to  errors  of  the  order  of  0.2  percent.  As  the 
precision  of  modern  bomb-calorimetric  measure¬ 
ments  is  0.01  or  0.02  percent,  an  error  of  0.2 
percent  in  the  results  of  such  measurements 
would  be  very  serious.  In  the  present  note  it 
will  be  shown  that  in  the  case  of  bomb-calori- 
metric  measurements,  the  errors  discussed  by 
King  and  Grover  are  practically  completely 
eliminated  if  the  calorimeter  is  calibrated  by 
supplying  a  measured  quantity  of  energy  and 

1  Allen  King  and  Horace  Grover,  “Temperature  cor¬ 
rection  methods  in  calorimetry,”  J.  App.  Phys.  12,  557 
(1941). 


observing  the  resulting  temperature  rise,  and  if 
the  usual  methods  of  correcting  for  thermal 
leakage  are#used  for  both  the  calibration  experi¬ 
ments  and  the  measurements  of  hqats  of  com¬ 
bustion.  It  will  be  shown  also  that  in  the  case  of 
experiments  by  the  method  of  mixtures,  errors 
resulting  from  the  usual  methods  of  correcting 
for  thermal  leakage  can  be  avoided  by  a  suitable 
experimental  procedure. 

The  problem  discussed  by  King  and  Grover 
is  that  of  a  calorimeter  in  which  is  immersed  a 
charge,  such  as  a  bomb.  It  is  assumed  that  at  a 
time  t0  =  0  the  charge  is  at  a  uniform  temperature 
©o,  and  the  calorimeter  is  at  a  lower  uniform 
temperature  0o  =  O.  It  is  further  assumed  that 
the  temperatures  0  and  6  of  charge  and  calo¬ 
rimeter,  respectively,  vary  with  time  in  a  manner 
which  is  described  by  the  differential  equations 

d©/dt=-a(®-8)  (33)2 

2  Equations  taken  from  reference  1  are  given  the  same 
numbers  (expressed  in  Arabic  numerals)  as  in  that  paper. 
The  numbers  of  other  equations  given  in  this  paper  are 
expressed  in  roman  numerals. 
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and 


dd/dt=b(@-9)-c(e-ek),  (34) 

where  a,  b,  and  c  are  constants  of  the  apparatus, 
and  8k  is  the  convergence  temperature  of  the 
calorimetric  system,  that  is,  the  temperature 
which  the  system  would  attain  in  an  infinite 
time  if  the  rate  of  stirring  and  all  external 
conditions  remained  constant. 

Elimination  of  ©  from  Eqs.  (33)  and  (34) 
yields  the  second-order  differential  equation 

d2d/dP+2pde/dt+qd  =  qdk,  (35) 

where  2 p=(a-\-b+c)  and  q  =  ac.  The  second- 
order  differential  equation  in  ©  is  of  the  same 
form  as  (35).  The  solutions  of  these  differential 
equations  may  be  written  in  the  form 

d  =  6k+Ae-tt+Be-Uv-*t  (36) 

and 

e  =  6k+Ce-“+De-Up-^t,  (I) 

where  e  =  p—  (p2 * *  —  q)K  and  A,  B,  C,  and  D  are 
constants  of  integration.  Insertion  of  the  nu¬ 
merical  data  given  by  King  and  Grover  into 
Eq.  (36)  leads  to  the  following  expression  for 
the  time-temperature  relation  for  the  hypo¬ 
thetical  experiment 

6=  1. 7082  +  1. 010029e_0-005£ 

-2.718229e-°-6*.  (II) 


It  can  be  shown  that  the  temperature  rise  of 
the  calorimeter  corrected  for  thermal  leakage  is 


given  by 

A** -0o  = 


—  eA  —  (2  p  —  e)B-\-c(d  o  —  6k ) 
a  +  b 


(III) 


The  value  of  (dx*-d0)  calculated  from  Eq.  (Ill), 
using  the  values  of  the  constants  given  by  King 
and  Grover  is  2. 69302°. 3 

It  should  be  noted  that  although  the  mathe¬ 
matical  treatment  of  the  problem  under  con¬ 
sideration  by  King  and  Grover  leads  to  the 
correct  value  of  the  temperature  dx*  which  the 
calorimeter  would  attain  if  there  were  no  thermal 
leakage,  this  temperature  can  be  calculated  by 
means  of  Eq.  (Ill),  or  the  equivalent  equation 

3  King  and  Grover  give  the  value  2.6931°  for  (6^*  —  0o). 

The  difference  may  be  due  to  the  use  of  rounded  values 

of  some  of  the  constants  in  the  present  paper.  The  value 

given  in  the  text  is  consistent  with  Eq.  (II)  and  the 
values  of  (a+i)  and  c  given  in  reference  1. 


given  by  King  and  Grover,  only  when  the  time- 
temperature  relation  is  of  the  form  given  by 
Eq.  (36).  Experimental  time-temperature  curves 
usually  cannot  be  represented  by  equations  of 
this  form.  After  the  ignition  of  a  sample  of 
combustible  material  in  a  bomb,  or  after  a 
heated  charge  is  dropped  into  a  calorimeter, 
there  is  usually  a  short  interval  of  time  during 
which  the  rate  of  temperature  rise  is  much 
smaller  than  the  rate  which  would  be  calculated 
by  means  of  an  equation  of  the  form  of  (36). 
This  is  the  result  of  various  kinds  of  lag,  espe¬ 
cially  stirring  lag.  The  form  of  experimental 
time-temperature  curves  after  the  temperature 
has  begun  to  rise  rapidly  indicates  also  that  the 
rate  of  transfer  of  heat  between  calorimeter  and 
charge  is  not  a  linear  function  of  (©  —  0)  as  was 
assumed  in  the  derivation  of  Eq.  (36).  It  will 
be  shown  later  that  the  value  of  the  corrected 
temperature  rise  for  some  types  of  calorimetric 
experiments  would  differ  from  that  calculated 
from  Eq.  (Ill)  even  if  the  time-temperature 
curve  were  of  the  form  represented  by  Eq.  (36). 

The  calculation  of  the  thermal  leakage  cor¬ 
rection  for  a  bomb-calorimetric  experiment  will 
now  be  considered.  The  time-temperature  rela¬ 
tion  for  such  an  experiment  may  be  represented 
qualitatively  by  the  curve  ABDFG  of  Fig.  1. 
The  parts  AB  and  FG  of  this  curve  represent 
data  obtained  in  the  “rating  periods”  for  use  in 
calculating  the  thermal  leakage.  Even  though 
the  rates  of  change  of  ©  and  0  may  not  be  in 
accord  with  Eqs.  (33)  and  (34)  when  (0  —  0)  is 
large,  it  will  be  assumed  that  these  equations 
are  valid  during  the  rating  periods  when  (0  —  0) 
is  small. 

During  the  rating  periods  Eqs.  (36)  and  (I) 
reduce  to 

d  =  6k+Ae-‘t  (IV) 

and 

@  =  ek+Ce-‘t.  (V) 

Imposing  the  conditions  (see  Fig.  1)  that 
0  =  0b(  =  0 o)  when  t  —  tB ,  and  6  —  6f  when  t  =  ty, 
Eq.  (IV)  leads  to  the  following  equations  for 
the  initial  and  final  rating  curves 

d  =  6k  +  (dB-dk)e‘(‘B-‘\  (VI) 

0  =  0*+(0*— 0fc)et(^-°.  (VII) 

It  is  easily  shown  that  the  temperature  of  the 
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bomb  will  be  represented  by 

0  =  0/;+-^—  (VIII) 

a  —  e 

during  the  initial  rating  period,  and  by 

Q  =  ek+^—(0F-ek)e^^-‘)  (ix) 

a  —  e 

during  the  final  rating  period. 

The  observed  temperature  rise  of  the  calo¬ 
rimeter  will  be  taken  as  (Of  —  Ob)  It  follows 
from  Eqs.  (VI),  (VII),  (VIII),  and  (IX)  that  if 
6'  and  0'  are-  the  temperatures  of  calorimeter 
and  bomb,  respectively,  at  any  time  t'  in  the 
initial  rating  period,  and  6"  and  0"  are  the 
corresponding  temperatures  at  any  time  t"  in 
the  final  rating  period,  then 

0"_0'  =— (fl"-0').  (X) 

a  —  e 

In  particular,  the  temperature  rise  of  the  bomb 
corresponding  to  the  observed  temperature  rise, 
(6f~  6b),  of  the  calorimeter  will  be  given  by 

@f  —  0b  — - (Of  —  Ob)-  (XI) 

a  —  e 

If  the  heat  capacities  of  calorimeter  alone  and 
bomb  alone  are  K\  and  K 2,  respectively,  the 
quantity  of  heat  corresponding  to  the  tempera¬ 
ture  rise  (Of  — Ob)  of  the  calorimeter,  and  the 
temperature  rise  (0f  —  0b)  of  the  bomb  will  be 
given  by 


ture  of  the  bomb,  where 

cK  1  rtF 

A0  = - (0  —  0k)dt.  (XIII) 

Xi+X2a/ (a  —  e)JtB 

The  constant  preceding  the  integral  sign  in 
(XIII)  evidently  may  be  considered  as  a  cooling 
coefficient  which  could  be  used  to  calculate  the 
increase  in  temperature  A 0  of  the  calorimeter 
due  to  thermal  leakage  on  the  basis  that  the 
corrected  temperature  rise,  (Of  — 0b~ AO),  of  the 


Fig.  1.  Diagram  to  illustrate  Dickinson’s  method  of 
calculating  the  corrected  temperature  rise. 


Qbf  —  K\(0f  —  Ob)  +X2(0b  —  0  b) 

=  (  Ki-\ - K<i\(0f  —  Ob)-  (XII) 

V  a  —  e  / 

The  heat  gained  by  the  calorimeter  by  thermal 
leakage  between  the  times  ts  and  If  will  be 
given  by 

tF 


A<2=—  cKi  f  (0  —  0k)dt 

J  tB 


This  quantity  may  be  taken  as  equivalent  to  an 
increase  AO  in  the  temperature  of  the  calorimeter, 
and  an  increase  A0  =  A Oa/(a  —  e)  in  the  tempera- 


calorimeter  corresponds  to  a  temperature  rise  of 
the  bomb  equal  to 

a 

- (Of  —  Ob  —  AO) . 

a  —  e 

This  cooling  coefficient  can  be  sh^m  to  be 
to  the  constant  e.  From  Eqs.  and 

follows  that  during  the  rating  periods  the  rate 
of  change  of  the  temperature  of  the  calorimeter 
is  given  by 

dO/dt  =  —  e(0  —  0k).  (XIV) 

In  other  words  the  constant  e  is  the  cooling 
coefficient  for  the  calorimeter  which  would  be 
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calculated  from  the  data  of  the  rating  periods 
on  the  basis  of  Newton’s  law  of  cooling  as 
expressed  by  Eq.  (XIV).  Therefore  the  use  of 
these  data  for  calculating  the  correction  to  the 
observed  temperature  rise  would  lead  to  a 
corrected  temperature  rise,  (9F  —  0B  —  A0),  for  the 
calorimeter  which  would  correspond  to  a  temper¬ 
ature  rise  of  the  bomb  equal  to 

a 

- {9F  —  6b  —  A6). 

a  —  e 

The  fact  that  the  corrected  temperature  rise 
of  the  calorimeter  calculated  from  the  rating 
period  data  is  not  equal  to  the  corresponding 
temperature  rise  of  the  bomb  is  of  no  consequence 
in  bomb-calorimetric  measurements  for  the 
following  reasons.  In  order  to  obtain  accurate 
results  by  means  of  a  bomb  calorimeter  the 
energy  equivalent,  or  effective  heat  capacity  of 
the  calorimetric  system,  must  be  determined 
experimentally  by  supplying  a  measured  quan¬ 
tity  of  energy  to  the  system,  either  electrically 
or  by  burning  a  standard  material  of  known 
heating  value,  and  observing  the  resulting 
temperature  rise.  If  the  corrected  temperature 
rise  in  the  calibration  experiments  is  calculated 
from  the  data  of  the  rating  periods  on  the  basis 
of  Eq.  (XIV),  then  the  value  obtained  for  the 
energy  equivalent  will  be  that  corresponding  to 
a  temperature  rise  of  the  bomb  equal  to  a/ (a  —  e) 
times  that  of  the  calorimeter.  The  experimental 
value  of  the  energy  equivalent  is  therefore  not 
the  true  heat  capacity  of  the  calorimetric 
system.  It  is  evident,  however,  that  it  is  the  value 
appropriate  for  use  in  calculating  the  results  of 
measurements  of  heat  of  combustion  when  the 
thermal  leakage  correction  for  such  measure¬ 
ments  is  computed  as  described  above. 

The  fact  that  the  effect  of  lag  of  parts  of  a 
calorimeter  is  completely  eliminated  by  an 
experimental  calibration  has  been  pointed  out 
by  White.4  The  preceding  discussion  in  the 
present  paper  is  a  somewhat  more  detailed 
demonstration  of  this  fact  for  the  special  case  in 
which  the  lagging  part  of  the  calorimeter  is  a 
bomb. 


4  W.  P.  White,  The  Modern  Calorimeter  (Reinhold 

Publishing  Corporation,  New  York,  1928),  p.  88. 


It  has  been  shown  by  Dickinson5  that  the 
correction  for  heat  of  stirring  in  a  bomb-calori¬ 
metric  experiment  is  included  in  the  correction 
for  thermal  leakage,  when  this  correction  is 
calculated  from  the  data  of  the  rating  periods  in 
rhe  manner  described  above.  The  effect  of  the 
production  of  heat  at  a  constant  rate  by  stirring 
is  merely  to  raise  the  convergence  temperature 
slightly  above  the  temperature  at  which  the  rate 
of  heat  transfer  between  calorimeter  and  sur¬ 
roundings  would  be  zero.  The  heat  of  stirring 
is  also  taken  care  of  in  the  calculation  of  (0X*  —  do) 
by  means  of  Eq.  (Ill)  if  the  value  of  9k  used  in 
this  equation  is  the  convergence  temperature  of 
the  stirred  calorimeter.  The  temperature  9X*  is 
then  the  temperature  which  the  system  would 
attain  if  the  rate  of  loss  of  heat  were  at  all  times 
equal  to  the  rate  of  production  of  heat  by  stirring. 

As  an  example  of  the  correction  of  bomb- 
calorimetric  data  for  thermal  leakage,  Dickinson’s 
method5  of  calculating  the  corrected  temperature 
rise  will  now  be  applied  to  a  hypothetical 
bomb-calorimetric  experiment  for  which  the 
time-temperature  relation  is  that  represented  by 
Eq.  (II).  The  time-temperature  relation  during 
the  initial  rating  period  for  such  an  experiment 
would  be  given  by 

0- 1.7082(1 -e-°-0050.  (XV) 

This  equation  was  obtained  by  substituting  the 
numerical  values  of  9b,  9k,  and  e  given  by  King 
and  Grover  into  Eq.  (VI).  The  corresponding 
relation  for  the  final  rating  period  is  represented 
by  Eq.  (II)  with  the  last  term  omitted. 

Dickinson’s  method  of  finding  the  corrected 
temperature  rise  consists  in  extrapolating  the 
rating  curves  AB  and  FG  (Fig.  1)  to  a  time  tx 
such  that  the  areas  BCD  and  DEF  are  equal. 
The  difference  between  the  temperatures  9e  and 
9c  obtained  in  this  way  is  the  corrected  tempera¬ 
ture  rise.  The  value  of  tx  for  the  experiment  under 
consideration  was  calculated  from  the  relation 

f%  tx  r*  20 

I  (A  +  dk)e~ttdt+  l  Be~('2p~t)tdt  —  0  (XVI) 

•M)  J  0 

and  found  to  be  2.01  minutes.  The  values  of  9c 
and  9e  calculated  by  inserting  f  =  /x  =  2.01  into 

6  H.  C.  Dickinson,  Bull.  Bur.  Stand.  11,  189  (1914). 
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the  equations  for  the  rating  curves  are,  respec¬ 
tively,  0.01708°  and  2.70813°.  The  difference 
between  these  temperatures  is  2.69105°,  which 
is  lower  by  0.073  percent  than  the  value  2.69302° 
calculated  from  Eq.  (Ill)  for  (0**  — 0o)- 

The  reason  for  the  discrepancy  is  that  the  two 
values  of  temperature  rise  of  the  calorimeter 
correspond  to  different  values  for  the  tempera¬ 
ture  rise  of  the  bomb.  Thus  the  temperature  rise 
(0**  — 0o)  for  the  calorimeter  corresponds  to  a 
temperature  rise  of  (0»*  —  @b)  for  the  bomb, 
where  ©#,  in  accordance  with  Eq.  (VIII),  is 
given  by 

<dB  =  (adB-edk)/(a  —  e). 

Hence  the  temperature  rise  for  the  bomb  in 
this  case  is 

ads  — 

000*  -  0B  =  0** - .  (XVI I) 

a  —  e 

On  the  other  hand  the  temperature  difference 
(0£  —  0c)  for  the  calorimeter,  in  accordance  with 
Eq.  (X),  corresponds  to  a  temperature  difference 
of 

©£  —  ©c  =  — — (0js  —  0c)  (XVIII) 

a  —  e 

for  the  bomb. 

It  is  easily  shown  by  actually  performing  the 


Table  I.  Values  of  temperature  and  corresponding  time  in 
a  hypothetical  bomb-calorimetric  experiment. 


Time  Temperature  Differences 
minutes  degrees  degrees 


Time  Temperature 
minutes  degrees 


-10 

-0.08758 

0.00895 

.00892 

.00886 

.00883 

.00878 

.00873 

.00869 

.00864 

.00862 

.00856 

12 

2.6527 

-  9 

-  .07863 

14 

2.64747 

-  8 

-  .06971 

15 

2.64375 

-  7 

-  .06085 

16 

2.63966 

-  6 

-  .05202 

17 

2.63537 

-  5 

-  .04324 

18 

2.63096 

-  4 

-  .03451 

19 

2.62649 

-  3 

-  .02582 

20 

2.62199 

-  2 

-  .01718 

21 

2.61748 

-  1 

-  .00856 

22 

2.61297 

0 

.00000 

23 

2.60848 

0.5 

.5987 

24 

2.60400 

1 

1.0645 

25 

2.59954 

2 

1.7082 

26 

2.59509 

4 

2.3304 

27 

2.59067 

6 

2.5591 

28 

2.58628 

8 

2.6288 

29 

2.58190 

10 

2.6507 

30 

2.57754 

Differences 

degrees 


-0.00372 

-  .00409 

-  .00429 

-  .00441 

-  .00447 

-  .00450 

-  .00451 

-  .00451 

-  .00449 

-  .00448 

-  .00446 

-  .00445 

-  .00442 

-  .00439 

-  .00438 

-  .00436 


The  value  of  the  energy  equivalent  of  a  bomb 
calorimeter  appropriate  for  use  with  the  temper¬ 
ature  rise  (0**  — 0o)  depends  to  a  slight  extent 
upon  the  magnitude  of  this  temperature  rise, 
apart  from  any  dependence  of  heat  capacity 
upon  temperature.  In  general  it  cannot  be  as 
conveniently  determined  experimentally  as  the 
energy  equivalent  corresponding  to  the  tempera¬ 
ture  rise  {Be  — Sc)-  In  the  case  of  an  experiment 
by  the  method  of  mixtures,  the  value  of  the 


calculation  that  the  quantity  of  heat  required 
to  produce  the  temperature  rise  (0**  —  60) 
=  2.69302°  in  the  calorimeter,  and  the  corre¬ 
sponding  temperature  rise  (0oo*  —  @b)  =  2.71376° 
in  the  bomb  is  exactly  the  same  as  the  quantity 
of  heat  required  to  produce  the  temperature 


energy  equivalent  which  is  equal  to  the  effective 
heat  capacity  of  the  calorimeter  alone,  multiplied 
by  (0»*  —  0o)  will  yield  the  heat  given  up  by  the 
charge  in  cooling  from  its  initial  temperature  to 
000*.  This  energy  equivalent  can  be  determined 
experimentally  either  by  electrical  heating  of  the 


increases  (0b~  0c)  =  2.69105°  and  (0#  —  0C) 
=  2.72373°  in  calorimeter  and  bomb,  respectively. 
Hence  either  (0oo*  — 0o)  or  (0b  — 0c)  may  be 


calorimeter  alone,  or  by  the  use  of  a  charge  of 
known  heat  capacity.  However,  in  general  it 
will  not  be  possible  to  use  Eq.  (Ill)  to  evaluate 


considered  as  the  corrected  temperature  rise  for 


(0oo*  —  0o)  either  for  bomb-calorimetric  experi¬ 


the  bomb-calorimetric  experiment  under  con¬ 
sideration  if  used  with  the  proper  value  for  the 
energy  equivalent  of  the  system.  From  Eq. 
(XVIII)  and  the  discussion  given  in  the  text 
following  Eq.  (XIV)  it  will  be  seen  that  the 
value  of  the  energy  equivalent  appropriate  for 
use  with  the  temperature  rise  (0b  — 0c)  is  the 
value  which  would  be  obtained  as  the  result  of 
an  experimental  calibration  of  the  calorimeter 
in  which  the  thermal  leakage  correction  was 
calculated  on  the  basis  of  Newton’s  law  of 
cooling  in  the  form  (XIV). 


ments  or  for  experiments  by  the  method  of 
mixtures,  because  of  the  fact  that  experimental 
time-temperature  relations  are  not  of  the  form 
assumed  in  the  derivation  of  Eq.  (III).  The 
calculation  of  the  thermal  leakage  correction 
for  an  experiment  by  the  method  of  mixtures 
will  be  considered  later  in  this  paper. 

In  practice  the  time-temperature  relation  for 
a  calorimetric  experiment  is  not  given  in  terms 
of  equations,  but  in  terms  of  temperatures 
measured  at  definite  times.  Ordinarily,  therefore, 
the  method  used  above  of  calculating  the 
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Table  II.  Calculation  of  corrected  temperature  rise  for  a 
hypothetical  bomb-calorimetric  experiment. 


Initial  period 


Final  period 


Ba  =  -0.08758°  0F=  2.62199° 

$B=  0.00000  0o=  2.57754 


Ad  =  0.08758  Ad  =  -0.04445 

— )  =  0.008758  deg.  min.-1  )  =—0.004445  deg.  min.-1 

At / p  At /  s 

0p=  -0.04324°  6  s  =  2.59954° 


A  ^  4  ®  j  =—0.013203  deg.  min. 
A 8=  2.64278° 

i(  ^  )  /A0  =  -0.0049959  min.-1 


2.01 

Iq—Ib=— 2~  =  1.005  min. 

1 .005  X0.008758  =  0.00880° 

0b=  0.00000 

6q  =  0.00880 

dp  =  -0.04324 

Ad  =  0.05204 

0.05204  X  -0.0049959 

=  -0.000260'!  J'deg. 

=  0.008758 1  jmin.-1 


)  =  0.008498  deg.  min. 

/  r 


Ad 

At  I  Q 

0.008498  X2.01  =0.01708° 
6b  =0.00000 


9c  =0.01708° 


tp  —tR  =  —y  -  =  8.995  min. 

-8.995  X  -0.004445  =  0.03998° 

6p  =  2.62199 

6r  =  2.66197 

6S=  2.59954 

A 6  =  -0.06243 
+0.06243  X  -0.0049959 

=  —0.000312  deg.  min.-1 

A  6  \ 

— -  =  -0.004445 

At/  s 

A$  \ 

-—  =  —0.004757  deg.  min.  1 

A  t  /  R 

-0.004757  X  -17.99  =0.08558° 

0F  =2.62199° 

0E  =2.70757° 


Corrected  temperature  rise  =2.70757  —0.01708  =2.69049° 


temperatures  dc  and  dp  from  equations  for  the 
rating  curves  would  not  be  applied.  It  will  be  of 
interest  to  consider  the  calculation  of  the 
corrected  temperature  rise  for  a  bomb-calori¬ 
metric  experiment,  using  numerical  data  rather 
than  equations.  In  Table  I  are  given  values  of 
temperature  calculated  by  means  of  Eqs.  (II) 
and  (XV).  It  will  be  assumed  that  these  temper¬ 
atures  were  obtained  from  observations  in  a 
bomb-calorimetric  experiment,  and  they  will  be 
used  to  calculate  the  corrected  temperature  rise 
of  the  calorimeter  by  Dickinson’s  method.  The 
period  from  /  =  —  10  to  t  —  0  will  be  taken  as  the 
initial  rating  period.  Since  the  equation  for  the 
final  rating  period  is  assumed  not  to  be  known, 
it  would  be  necessary  for  the  experimenter  to 
judge  from  the  data  when  the  final  rate  of 
temperature  change  has  been  attained.  If 
temperatures  were  read  each  minute  to  0.0001° 
it  would  be  evident  to  the  experimenter  that  the 
final  rate  had  not  been  attained  before  f=18, 
and  he  might  be  expected  to  take  the  period 
from  /  =  20  to  /  =  30  as  the  final  rating  period. 

Ordinarily  the  value  of  tx  would  be  obtained 
from  numerical  data  by  plotting  such  data  on 


large-size  coordinate  paper  and  determining 
areas  by  some  such  method  as  counting  squares. 
In  the  present  case,  however,  we  are  interested 
in  comparing  the  results  of  extrapolating  the 
rating  curves  to  tx  by  means  of  the  equations  for 
these  curves,  with  the  results  of  extrapolating 
the  curves  by  the  use  of  numerical  data,  without 
introducing  the  effect  of  possible  errors  in  the 
determination  of  tx.  Therefore  the  value  /x  =  2.01 
which  was  calculated  by  means  of  Eq.  (XVI) 
will  be  used  here. 

Since  the  present  writer,  using  Dickinson’s 
method,  has  obtained  a  distinctly  different 
value  for  the  corrected  temperature  rise  from 
that  reported  by  King  and  Grover  as  having 
been  obtained  by  the  same  method,  the  details 
of  the  present  calculation  are  given  in  Table  II. 
The  following  description  of  the  method  of 
calculation  will  be  understood  by  reference  to 
Table  II  and  Pig.  1. 

The  average  rate  of  change  of  temperature, 
Ad /At,  in  each  of  the  rating  periods  is  taken  as 
corresponding  to  the  “observed”  temperature 
at  the  mid-time  of  that  period.  From  the  values 
of  the  two  rates  and  the  corresponding  tempera¬ 
tures  the  average  change  in  rate  per  degree 
change  in  temperature,  A(Ad/At)/Ad(  —  —  c),  is 
calculated.  The  approximate  temperature,  6q, 
which  would  have  been  attained  at  the  time  tQ 
(Fig.  1)  midway  between  tB  and  tx  if  the  rating 
period  had  continued  to  the  time  tQ,  is  then 
calculated  by  linear  extrapolation  of  the  curve 
AB.  From  the  value  of  AQ/At)P,  the  difference 
between  the  temperatures  dQ  and  dp  (Fig.  1), 
and  the  value  of  A(Ad/At)/Ad,  the  value  of  the 
rate  (Ad /A t)Q  corresponding  to  the  temperature 
dg  is  calculated,  and  this  rate  is  multiplied  by 
( tx  —  tB )  to  obtain  ( dc  —  dB ).  Similarly,  the  rate 
corresponding  to  the  temperature  9r  (Fag.  1)  is 
calculated  and  multiplied  by  ( tF  —  tx )  to  obtain 
(dp-dp)-  These  data,  together  with  the  values 
of  dB  and  6f,  give  the  corrected  temperature  rise 
(dE-dc). 

The  value  of  the  corrected  temperature  rise 
obtained  in  the  manner  just  described  is  2.69049°, 
which  is  lower  by  0.021  percent  than  the  corre¬ 
sponding  value  2.69105°  calculated  by  means  of 
the  equations  for  the  rating  curves.  Three 
factors  contribute  to  this  discrepancy:  (1) 
Although  the  experimenter  would  probably  think 
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that  the  final  rate  had  been  attained  at  time 
t  =  20,  the  calculated  value  of  the  last  term  of 
Eq.  (II)  for  t  =  20  is  0.00012°,  so  that  the 
observed  value  of  the  temperature  for  /  =  20  is 
lower  by  this  amount  than  the  temperature 
corresponding  to  the  final  rating  curve.  (2)  The 
linear  extrapolation  of  the  final  rating  curve 
gives  too  low  a  value  for  Or.  (3)  Although  dd/dt 
in  the  rating  periods  varies  linearly  with  temper¬ 
ature,  Ad/A t  does  not  vary  linearly  with  the 
temperature  at  the  midtimes  of  the  intervals  for 
which  the  values  of  Ad /At  are  calculated.6  All 
three  of  these  factors  enter  into  the  calculations 
in  such  a  manner  as  to  lower  the  resulting  value 
of  ds-  The  corresponding  error  in  dc  arising  from 
factors  (2)  and  (3)  is  negligible  because  the 
extrapolation  of  the  initial  rating  curve  is  over 
such  a  short  interval. 

The  errors  arising  from  the  factors  (2)  and  (3) 
mentioned  above  result  from  the  fact  that  the 
method  of  extrapolating  the  final  rating  curve  by 
the  use  of  the  numerical  data  does  not  take  full 
account  of  the  curvature  of  this  curve.  The 
small  error  from  this  source  could  be  avoided  by 
so  conducting  the  experiment  that  the  final 
temperature  of  the  calorimeter  is  very  nearly 
equal  to  the  convergence  temperature.  The  final 
rate  would  then  be  very  small,  and  the  change 
in  rate  between  the  temperatures  dR  and  ds 
f Fig.  1)  would  be  negligible. 

The  hypothetical  experiment  under  considera¬ 
tion  differs  in  several  important  respects  from 
an  actual  bomb-calorimetric  experiment  with 
apparatus  suitable  for  measurements  of  high 
precision.  The  differences  are  such  as  to  make 
the  errors  in  the  calculation  of  the  thermal 
leakage  correction  from  rating  period  data  larger 
for  the  hypothetical  experiment  than  for  an 
actual  experiment.  The  curves  of  Fig.  2  represent 
the  time-temperature  relation  for  the  hypo¬ 
thetical  experiment,  and  a  time-temperature 
relation  obtained  by  multiplying  the  observed 
temperatures  in  a  routine  bomb-calorimetric 
experiment  by  .the  ratio  of  the  corrected  tem¬ 
perature  rise,  2.69105°,  for  the  hypothetical 
experiment  to  the  corrected  temperature  rise, 
2.9519°,  calculated  from  the  data  of  the  actual 

6  Except  in  the  special  case  that  the  intervals  are  all 
equal.  The  three  intervals  involved  in  the  calculation  of  Or 
are  — =  — P?  =  10,  and  tF  —  tx  =  17.99. 


experiment.  The  “observed”  curve  of  Fig.  2 
may  therefore  be  considered  as  representing 
the  data  of  an  actual  bomb-calorimetric  ex¬ 
periment  for  which  the  corrected  temperature 
rise  is  the  same  as  for  the  hypothetical  experi¬ 
ment.  The  final  rate  in  the  actual  experiment  wras 
about  0.0001°  per  minute,  so  that  the  change  in 
rate  corresponding  to  the  temperature  difference 
( dR  —  ds )  (Fig.  1)  is  negligible. 

It  will  be  seen  that  the  observed  curve  (Fig.  2) 
approaches  a  steady  final  rate  much  more 
rapidly  than  the  hypothetical  curve.  Even 
though  the  observed  curve  rises  more  slowly  at 
the  start,  its  later  rise  is  so  rapid  that  the  final 
rate  is  reached  at  /  =  1 0,  while  for  the  hypo¬ 
thetical  curve  the  final  rate  is  not  reached  until 
about  /  =  20.  This  more  rapid  approach  of  the 
actual  curve  to  the  final  rate,  and  the  consequent 
smaller  interval  over  which  the  observed  final 
rating  curve  must  be  extrapolated  to  obtain  ds, 
result  in  a  smaller  error  in  this  temperature 
arising  from  the  factor  (1)  mentioned  above, 
even  if  the  error  in  dF  is  the  same  as  in  the 
hypothetical  experiment.  The  value  of  e  for  the 
actual  experiment  is  less  than  half  that  assumed 
for  the  hypothetical  experiment.  The  thermal 
leakage  correction  for  the  actual  experiment  is 
less  than  for  the  hypothetical  experiment  because 
of  the  smaller  value  of  e,  because  of  the  shorter 
time  of  the  actual  experiment,  and  because 
|(0  —  dk)  |  is  smaller  during  a  relatively  large 
part  of  the  actual  experiment.  This  correction 
amounts  to  less  that  0.3  percent  for  the  actual 
experiment,  while  for  the  hypothetical  experi¬ 
ment  it  is  over  2  percent. 

Although  the  above  discussion  has  been 
restricted  to  Dickinson’s  method  of  calculating 
the  thermal  leakage  correction,  it  is  evident  that 
the  proper  use  of  any  method  based  on  Newton’s 
law  of  cooling  can  lead  to  only  one  result. 

The  significance  of  the  constants  c  and  e  occur¬ 
ring  in  Eqs.  (34)  and  (36),  respectively,  and  the 
relation  between  them  will  now  be  discussed 
briefly.  It  is  evident  from  Eq.  (34)  that  the  con¬ 
stant  c  is  the  cooling  coefficient  of  the  calorimeter 
alone,  that  is,  not  including  a  bomb  or  other 
charge.  From  (VI)  and  (VII)  it  is  evident  that 
the  cooling  coefficient  of  a  calorimetric  system 
which  includes  a  bomb  or  other  charge  is  not  c 
but  t.  From  the  definition  of  e  it  follows  that  if 


Volume  13,  February,  1942 


218/134 


(e2—  ec)  is  negligible  in  comparison  with  ac,  then 
t  —  ca/(a-\-b).  In  other  words,  the  ratio  e/c  is 
approximately  equal  to  the  ratio  of  the  heat 
capacity  of  the  calorimeter  alone  to  the  heat 
capacity  of  calorimeter  plus  bomb.  Thus,  from 
the  values  of  a,  b,  and  c  given  by  King  and 


Fig.  2.  Comparison  of  the  hypothetical  time-temperature 
curve  represented  by  Eq.  (II)  with  a  time-temperature 
curve  observed  in  a  routine  bomb-calorimetric  experiment. 


Grover  the  value  of  ca/(a-\-b)  is  calculated  to 
be  0.00501  as  compared  with  their  value  0.00500 
for  e.  The  fact  that  e  is  not  exactly  equal  to 
ca/(a-\-b )  is  due  to  the  lag  of  the  temperature 
of  the  charge  or  bomb  behind  that  of  the 
calorimeter. 

The  discussion  of  the  thermal  leakage  cor¬ 
rection  for  the  case  of  a  bomb-calorimetric 
experiment  may  be  summarized  as  follows.  The 
data  of  the  rating  periods,  which  correspond  to 
the  cooling  coefficient  e  rather  than  to  c,  are  the 
appropriate  data  to  use  in  calculating  the 
thermal  leakage  correction  on  the  basis  of 
Newton’s  law  of  cooling.  The  results  of  such 
calculations  will  be  affected  by  the  lag  of  the 
temperature  of  the  bomb  behind  that  of  the 


calorimeter,  but  errors  due  to  this  lag  will  be 
completely  eliminated  by  the  use  of  an  experi¬ 
mentally  determined  value  of  the  energy  equiva¬ 
lent  of  the  calorimetric  system.  Errors  in  the 
calculation  of  the  thermal  leakage  correction  can 
be  made  negligible  by  suitable  experimental 
procedure,  especially  by  so  conducting  the 
experiments  that  the  final  temperature  of  the 
calorimeter  will  be  approximately  equal  to  the 
convergence  temperature  of  the  system. 

The  above  conclusions  were  reached  on  the 
basis  of  certain  assumptions  regarding  the 
conditions  existing  during  a  bomb-calorimetric 
experiment,  which  were  introduced  in  order  to 
simplify  the  mathematical  treatment.  The  con¬ 
clusions  have  been  shown  to  be  valid,  therefore, 
only  for  the  type  of  ideal  experiment  defined  by 
the  assumptions.  King  and  Grover,  in  their 
discussion,  have  introduced  essentially  the  same 
simplifying  assumptions,  and  therefore  their 
conclusions  are  necessarily  subject  to  the  same 
restrictions.  The  treatment  given  in  this  paper 
is  not  a  complete  justification  of  the  usual 
methods  of  correcting  for  thermal  leakage,  but 
it  does  show  the  fallacy  of  the  conclusion  of 
King  and  Grover  that  the  usual  methods  are 
not  applicable  to  the  type  of  ideal  bomb- 
calorimetric  experiment  which  has  been  discussed. 

A  rigorous  mathematical  treatment  of  the 
problem  of  correcting  the  data  of  actual  bomb- 
calorimetric  experiments  for  thermal  leakage 
will  not  be  attempted  here.  However,  it  appears 
from  the  following  discussion  that  the  errors 
involved  in  the  usual  methods  of  correcting  such 
data  are  probably  negligible.  It  follows  from 
the  mathematical  analysis  given  in  this  paper 
that,  in  the  case  of  the  ideal  type  of  experiment 
considered,  the  effect  of  the  difference  between 
the  temperatures  of  bomb  and  calorimeter 
during  the  rating  periods  is  fully  taken  into 
account  by  an  experimental  calibration  of  the 
calorimeter.  It  is  evident  that  this  would  be 
true  also  for  actual  calorimetric  experiments 
provided  the  time-temperature  curves  of  calibra¬ 
tion  experiments  and  combustion  experiments 
are  identical.  This  condition  is  practically  satis¬ 
fied  when  the  calibration  is  by  means  of  a 
standard  substance  of  known  heat  of  combustion, 
but  is  not  satisfied  when  the  calibration  is  by 
electrical  heating.  It  is  conceivable,  therefore, 
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that  when  a  bomb  calorimeter  is  calibrated  by 
electrical  heating  the  difference  in  temperature 
between  bomb  and  calorimeter  during  the  rating 
periods  might  not  be  taken  into  account  com¬ 
pletely,  although  it  is  evident  that  this  difference 
would  be  at  least  approximately  taken  into 
account.  For  the  calorimeter  used  in  obtaining 
the  data  represented  by  the  observed  time- 
temperature  curve  of  Fig.  2  it  has  been  calcu¬ 
lated  that  the  difference  between  the  tempera¬ 
tures  of  bomb  and  calorimeter  affects  the 
observed  temperature  rise  by  about  0.03  percent. 
It  seems  highly  probable  that  the  error  resulting 
from  the  difference  in  form  of  the  time-tempera¬ 
ture  curves  of  electrical  calibration  experiments 
and  combustion  experiments  is  a  small  fraction 
of  this  amount. 

This  conclusion  is  supported  by  results 
obtained  by  Dickinson5  in  two  sets  of  electrical 
calibration  experiments  one  set  with  a  heater 
which  was  not  in  contact  with  the  bomb  and  the 
other  with  a  heater  which  was  in  good  thermal 
contact  with  the  bomb.  The  time-temperature 
curves  for  the  first  set  of  experiments  were  nearly 
linear  during  the  heating  period,  while  those  for 
the  second  set  were  somewhat  similar  in  form 
to  the  time-temperature  curve  for  a  combustion 
experiment.  The  results  of  the  two  sets  of 
experiments  were  in  practically  perfect  agree¬ 
ment.  This  indicates  that  the  difference  in  form 
of  the  time-temperature  curves  had  no  measur¬ 
able  effect  on  the  corrected  temoerature  rise 
calculated  by  the  usual  methods. 

The  method  described  above  for  calculating 
the  thermal  leakage  correction  for  a  bomb 
calorimetric  experiment  is  not  applicable  to  an 
experiment  by  the  method  of  mixtures,  because 
in  this  case  the  data  of  the  initial  and  final  rating 
periods  correspond  to  different  heat  capacities 
of  the  calorimetric  system,  and  because  of  the 
fact  that  the  effect  of  the  lag  of  the  charge  in 
such  an  experiment  is  not  eliminated  by  an 
experimental  calibration  of  the  calorimeter.  A 
method  of  calculation  appropriate  for  experi¬ 
ments  by  the  method  of  mixtures  will  now  be 
described. 

It  is  assumed  that  the  charge  is  dropped  into 
the  calorimeter  at  time  tB  (when  6  =  6b),  and 
that  the  mass  and  initial  temperature  of  the 
charge  are  such  that  the  final  temperature  of 


the  calorimeter  will  be  so  nearly  equal  to  6k  that 
the  lag  of  the  charge  will  not  cause  its  tempera¬ 
ture  to  differ  by  a  significant  amount  from  that 
of  the  calorimeter  during  the  final  rating  period. 
The  final  rating  period  is  assumed  to  begin  at  a 
time  t  =  tF. 

The  cooling  coefficient  of  the  calorimeter  alone 
will  be  represented  by  c.  The  rate  of  increase  in 
temperature  of  the  calorimeter  alone  due  to 
thermal  leakage  will  then  be  represented  by 

dd/dt=-c(d-dk).  (XIX) 

If  Kx  represents  the  heat  capacity  of  the  calo¬ 
rimeter  alone,  the  expression 

dQ/dt—  —cKi(d  —  dk)  (XX) 

will  represent  the  rate  at  which  heat  is  added  to 
the  calorimeter  by  thermal  leakage.  This  rate  is 
assumed  not  to  depend  on  whether  the  charge  is 
or  is  not  in  the  calorimeter. 

From  Eq.  (XX)  it  follows  that  the  heat 
added  to  the  calorimeter  by  thermal  leakage 
between  the  times  tB  and  tF  is  given  by 

ptF 

A<2=  —cK\  I  ( e-dk)dt .  (XXI) 

j  tB 

That  part  of  the  temperature  rise  (6F  —  6B)  which 
is  due  to  thermal  leakage  is  therefore  given  by 

A  Q  rlF 

A  6  = - =-a  (0-dk)dt,  (XXII) 

X1TX2  •'in 

where  represents  the  heat  capacity  of  the 
charge  and 

K 1 

a  =  c - 

K,+K, 

is  the  (approximate)  cooling  coefficient  of 
calorimeter  plus  charge. 

The  constant  a  may  be  calculated  from  the 
data  of  the  rating  periods.  Thus  if  (A6/At)p>  and 
(A6/At)s  are  the  average  rates  of  change  of 
temperature  during  the  .initial  and  final  rating 
periods,  respectively,  we  may  write 


A0\  K 1 

At)  s  K\-\~K 
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whence 

Ki 

—  C - =  —  a 

Kx  +  K* 

K  i  /A0\  /A0\ 

tfi+XaV  A*/P'  \A*/s.  (XXIII) 

Bp'  —  Bs 

The  constant  —a  is  thus  equal  to  the  value  of 
A(A0/A()/A0  for  a  calorimeter  having  a  heat 
capacity  of  (iG+X2),  and  thermal  leakage 
represented  by  Eq.  (XIX). 

The  thermal  leakage  correction  to  the  observed 
temperature  rise  can  be  calculated  by  inserting 
the  value  of  a  into  Eq.  (XXII),  and  evaluating 
the  integral  by  any  convenient  method.  As  the 
object  of  an  experiment  by  the  method  of  mix¬ 
tures  is  usually  the  determination  of  X2,  it  will 
be  necessary  to  use  an  approximate  value  of  this 
constant  in  calculating  a,  and  more  than  one 
approximation  may  be  required  to  obtain  the 
desired  accuracy.  An  alternative,  and  perhaps 
better  procedure,  would  be  to  calculate  the 
quantity  of  heat  represented  by  Q  =  Ki(6f  —  Bb) 
and  to  calculate  the  thermal  leakage  cor¬ 
rection  to  this  quantity  by  means  of  Eq. 
(XXI),  using  the  value  of  c  calculated  by 
means  of  Eq.  (XXIII).  An  error  in  the  value 
used  for  X2  would  then  be  multiplied  by  (A0/A t)  s, 
which  is  small,  rather  than  by  (A0/A t)p>,  which  is 
large,  and  the  error  would  therefore  have  a 
much  smaller  effect  on  the  final  result. 

It  should  be  emphasized  that  the  above 
procedures  for  correcting  the  data  of  an  experi¬ 
ment  by  the  method  of  mixtures  are  based  on 
the  assumption  that  the  final  rate  is  so  small 
that  the  lag  of  the  charge  does  not  affect  the 
final  temperature  by  a  significant  amount.  The 
effect  of  the  lag  in  such  experiments  is  not 
eliminated  by  an  experimental  calibration  of 
the  calorimeter.  These  procedures  are  also 
subject  to  the  restriction  that  the  rate  of  pro¬ 
duction  of  heat  by  stirring  does  not  change  when 
the  charge  is  dropped  into  the  calorimeter. 

It  appears  from  the  discussion  in  this  paper 
that  the  important  contribution  of  King  and 


Grover  consists  in  pointing  out  that  the  lag  of 
the  bomb  in  a  determination  of  heat  of  com¬ 
bustion,  or  of  a  solid  body  introduced  into  a 
calorimeter  in  an  experiment  by  the  method  of 
mixtures,  affects  the  observed  temperature  rise 
of  the  calorimeter,  and  the  corrected  temperature 
rise  calculated  by  the  usual  methods.  It  is 
possible  that  failure  to  appreciate  this  fact  has 
been  a  source  of  error  in  bomb-calorimetric 
measurements  in  cases  where  the  energy  equiva¬ 
lent  of  the  system  was  calculated  from  the 
masses  and  specific  heats  of  the  various  compo¬ 
nent  parts  of  the  calorimeter,  and  in  measure¬ 
ments  by  the  method  of  mixtures  made  under 
conditions  such  that  the  rate  of  temperature 
change  in  the  final  period  was  large. 

The  effect  of  the  lag  of  the  bomb  in  a  bomb- 
calorimetric  experiment  is  practically  completely 
eliminated  by  an  experimental  calibration  of  the 
calorimeter.  In  this  case,  any  method  of  calcu¬ 
lation  based  on  Newton’s  law  of  cooling,  if 
properly  applied,  should  yield  the  correct  result. 
Small  errors  in  the  calculation  of  the  thermal 
leakage  correction  can  be  reduced  by  arranging 
the  experiment  so  that  the  final  temperature  is 
very  near  the  convergence  temperature,  and  the 
final  rate,  therefore,  very  small.  If  the  effects  of 
evaporation  are  to  be  considered,  it  is  preferable 
that  this  final  temperature  be  below  the  con¬ 
vergence  temperature  rather  than  above  it,  so 
that  any  heat  transfer  by  evaporation  will  be 
always  in  the  same  direction.  Since  experimental 
calibration  of  the  calorimeter  has  been  the  usual 
practice  in  precise  measurements  for  twenty-five 
years  or  more,  the  results  of  modern  bomb- 
calorimetric  experiments  are  not  affected7  by 
the  errors  discussed  by  King  and  Grover. 

In  the  method  of  mixtures,  in  which  a  solid 
body  is  introduced  into  the  calorimeter  at  the 
end  of  the  initial  rating  period,  the  effect  of  the 
lag  of  the  body  can  be  practically  eliminated  by 
so  arranging  the  experiment  that  the  final 
temperature  is  at  or  very  slightly  below  the 
convergence  temperature.  In  this  case  also  the 
usual  methods  of  calculation  based  on  Newton’s 
law  of  cooling  should  yield  the  correct  result. 

7  See  F.  D.  Rossini,  Chem.  Rev.  18,  243-244  (1936). 
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A  new  Bunsen-type  calorimeter,  using  diphenyl  ether  as  the  calorimetric  substance,  is 
described.  Tests  of  this  calorimeter  show  that  it  can  be  used  to  measure  quantities  of  heat 
of  the  order  of  38  calories  with  a  precision  of  about  0.05  percent. 


1.  Introduction 

A  new  Bunsen-type  [l]1  calorimeter  for  use  in 
measurements  of  small  quantities  of  heat,  such  as 
heats  of  mixing  of  polymers  and  solvents  is  described. 
The  calorimeter  uses  diphenyl  ether  (phenyl  ether, 
phenoxvbenzene)  as  the  calorimetric  substance  in¬ 
stead  of  water.  The  data  reported  in  the  literature 
indicate  that  Bunsen  calorimeters  using  organic  com¬ 
pounds  as  calorimetric  substances  have  considerably 
higher  sensitivity  than  that  reported  for  the  ice 
calorimeter  [2,3].  The  organic  compounds  that  have 
been  used  for  this  purpose  include  acetic  acid  [4], 
anethole  [5],  dipbenylmethane  [6,  8,  9]  naphthalene 
[10,11],  phenol  [7,  12],  benzalacetone  [13],  and  di¬ 
phenyl  ether  [14,  15,  16,  21],  The  last-named  sub¬ 
stance  has  the  important  advantages  that  it  is  quite 
stable,  it  can  be  easily  prepared  in  a  state  of  high 
purity,  and  its  melting  point  (26.87°  C)  is  conven¬ 
iently  near  room  temperature. 

2.  Description  of  Calorimeter 

The  calorimeter  is  shown  schematically  in  figure  1 . 
It  is  similar  in  design  to  the  ice  calorimeter  described 
by  Ginnings,  Douglas,  and  Ball  [3],  but  has  a  larger 
central  well  to  accommodate  a  “reaction  vessel”  for 
use  in  measurements  of  heats  of  reaction  or  heats 
of  mixing. 

The  central  well  of  the  calorimeter  was  made  from 
a  piece  of  1%  in.  stainless-steel  pipe  that  was  turned 
down  to  a  wall  thickness  of  0.02  in.  at  the  upper  end 
to  reduce  thermal  leakage,  and  is  hard  soldered  to  a 
copper  insert  in  the  jacket  cover,  K,  and  to  the  brass 
piece,  I,  which  constitutes  the  top  of  the  calorimeter 
proper.  The  brass  bottom  of  the  well  is  hard- 
soldered  to  the  stainless-steel  pipe.  The  copper  fins, 
F,  which  are  soldered  to  the  outer  wall  of  the  well 
are  partly  to  improve  thermal  contact  between  the 
well  and  the  diphenyl  ether,  and  partly  for  supporting 
the  solid  diphenyl  ether,  which  is  denser  than  the 
liquid.  The  copper  spacers,  C,  between  the  fins  at 
the  lower  end  of  the  well  are  to  promote  uniformity 
in  the  vertical  distribution  of  heat  transferred  be¬ 
tween  the  well  and  the  diphenyl  ether  outside  of  it. 
The  outer  shell,  E,  of  the  calorimeter  is  of  stainless 
steel  Yu  in.  in  thickness  and  is  soft-soldered  to  the 
brass  piece,  I.  The  diphenyl  ether  occupies  the 
space  enclosed  by  the  shell,  E,  the  top,  I,  and  central 
well  of  the  calorimeter,  with  the  exception  of  the 

1  Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  pape  . 


space  occupied  by  the  pool,  H,  of  mercury  in  the 
bottom  of  E. 

An  electric  heater  having  a  resistance  of  about  30 
ohms  is  wound  on  the  outside  of  the  cylindrical  part 
of  shell  E  of  the  calorimeter,  and  a  heater  of  about 
10  ohms  is  wound  on  the  hemispherical  part  of  the 
bottom.  Both  heaters  are  cemented  to  the  shell 
with  glyptal  lacquer,  and  are  covered  with  aluminum 
foil  to  reduce  radiation.  They  can  be  used  sepa¬ 
rately  or  in  series.  The  use  of  these  heaters  is 
described  in  section  4. 

When  the  calorimeter  is  in  use  the  outer  surface 
of  the  central  well  is  covered  by  a  mantle  of  solid 
diphenyl  ether.  Heat  transferred  between  the  cen¬ 
tral  well  and  the  diphenyl  ether  causes  partial  melting 
or  freezing,  with  a  consequent  change  in  volume  of  the 
diphenyl  ether  and  a  flow  of  mercury  into  or  out  of 
the  calorimeter  through  the  platinum  tube,  W,  and 
the  stainless  steel  tube,  J,  so  as  to  keep  the  total 
volume  of  liquid  plus  solid  in  E  constant.2  The 
quantity  of  heat  is  measured  by  the  volume  or 
weight  of  mercury  so  transferred.  If  this  is  small, 
it  can  be  determined  from  the  displacement  of  the 
mercury  meniscus  in  the  40-cm  graduated  glass 
capillary,  G,  the  steel  valve,  V,  being  kept  closed. 
If  the  volume  of  mercury  is  large  it  can  be  deter¬ 
mined  from  the  combination  of  the  change  in  weight 
of  the  contents  of  the  beaker,  B,  and  the  change 
in  position  of  the  meniscus  in  the  capillary. 

The  capillary,  G,  is  horizontal  so  that  the  changes 
in  the  position  of  the  mercury  meniscus  in  it  do  not 
affect  the  pressure  on  the  diphenyl  ether  in  the 
calorimeter.  Changes  in  barometric  pressure  might 
be  large  enough  to  affect  the  position  of  the  meniscus 
significantly.  To  reduce  any  such  effect  the  open 
end  of  capillary  G  is  connected  to  a  1 -liter  flask 
immersed  in  oil  in  a  Dewar  flask.  The  pressure  in 
this  system  is  adjusted  to  atmospheric  at  the  begin¬ 
ning  of  an  experiment  and  has  been  shown  by 
measurements  with  a  closed-end  mercury  manometer 
to  remain  practically  constant  during  the  time  of  an 
experiment. 

The  T-joint  in  the  stainless-steel  tube  near  the 
valve,  V,  and  the  connections  to  the  valve  and  the 
glass  capillary,  G,  are  made  with  Apiezon  wax. 

The  interchange  of  heat  between  the  calorimeter 
and  its  environment  is  reduced  to  a  minimum  by 

2  The  calorimeter  was  originally  constructed  with  the  stainiess-steel  tube  J, 
extending  nearly  to  the  bottom  of  the  pool  of  mercury.  Difficulties  were  en¬ 
countered  due  to  creeping  of  the  diphenyl  ether  past  the  mercury  seal  between 
diphenyl  ether  and  the  stainless-steel  tube.  This  was  overcome  by  replacing  the 
lower  end  of  the  stainless-steel  tube  with  the  platinum  tube,  W  [17].  The  nickel 
sleeve  connecting  tubes  J  and  W  is  sealed  to  them  with  a  low-melting-point  glass 
made  of  equal  parts  by  weight  of  soda  glass,  borax,  and  zinc  oxide. 
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A,  ALUMINUM  JACKET 

B,  BEAKER 

C,  COPPER  SPACERS 

E,  OUTER  WALL  OF  CALORIMETER 

F,  COPPER  FINS 

G,  GRADUATED  CAPILLARY 

H,  MERCURY 

I,  TOP  OF  CALORIMETER 

J,  STAINLESS  STEEL  TUBE 

K,  COPPER  JACKET  COVER 

L,  INSERT  IN  TOP  OF  JACKET 
M|,M2,  COPPER  CYLINDERS 

N,  THERMAL  INSULATION 
P,  COPPER-NICKEL  TUBE 
R,  ELECTRIC  HEATER 
S„  POTENTIAL  LEADS 
S2,  CURRENT  LEADS 
T,  THERMOREGULATOR  BULB 

V,  VALVE  IN  MERCURY  LINE 

W,  PLATINUM  TUBE 


Figure  1.  Schematic  drawing  of  calorimeter. 


surrounding  the  calorimeter  with  the  aluminum 
jacket,  A,  with  its  copper  cover  K.  The  jacket  is 
maintained  at  the  temperature  of  the  calorimeter 
within  ±0.001  deg  C  by  means  of  thermoregulator  T. 
The  temperature  difference  between  the  top  of  the 
calorimeter,  /,  and  the  copper  jacket  cover,  K,  is 
measured  by  means  of  a  10-junction  copper-con- 
stantin  thermocouple  (not  shown  in  fig.  1)  and  a 
Diesselhorst  potentiometer.  The  coefficient  of 
thermal  leakage  between  calorimeter  and  jacket  is 
reduced  by  radiation  shields  (not  shown  in  fig.  1) 
of  aluminum  foil  and  by  evacuating  the  space 
between  calorimeter  and  jacket  to  a  pressure  of 
about  lju. 

The  100-ohm  electric  heater,  B,  the  /i6-in.  copper- 
nickel  tube,  P,  the  cylindrical  copper  pieces,  Mx  and 
M2,  and  the  conical  copper  piece,  L,  form  a  unit, 
the  lower  part  of  which  fits  closely  inside  the  central 
well.  This  unit,  which  is  used  only  for  calibrating 
the  calorimeter,  can  be  removed  and  replaced  by  a 
similar  unit  having  a  reaction  vessel  instead  of  the 
heater,  B,  together  with  suitable  tubes  for  introduc¬ 


ing  reactants.  The  purpose  of  copper  pieces  Mx  and 
M2  is  to  provide  zones  of  good  thermal  contact  with 
the  wall  of  the  well,  and  thereby  trap  heat  that 
would  otherwise  escape  by  conduction  along  the 
leads,  or  by  radiation  and  convection.  The  conical 
piece,  L,  fits  into  a  conical  hole  in  the  jacket  cover 
and  forms  a  part  of  the  jacket  cover,  and  Mi  forms 
part  of  the  top  of  the  calorimeter  proper. 

The  heater  leads  are  brought  out  in  such  a  manner 
that  they  are  in  intimate  thermal  contact  with 
jacket  L  and  calorimeter  Mi.  The  potential  leads 
are  connected  to  the  current  leads  midway  between 
L  and  Mi.  As  the  total  resistance  of  the  current 
leads  between  L  and  Mx  is  approximately  0.01  ohm, 
or  0.01  percent  of  the  heater  resistance,  the  uncer¬ 
tainty  in  the  heat  developed  between  calorimeter  and 
jacket  is  negligible. 

The  current  through  the  heater  was  turned  on  and 
off  by  a  double-pole  double-throw  switch  similar  to 
one  described  by  Osborne,  Stimson,  and  Fiock  [20]. 
It  is  operated  by  a  spring  and  a  release  that  is 
actuated  by  second  signals  from  a  standard  clock. 
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3.  Filling  the  Calorimeter  With  Diphenyl 

Ether 

3.1.  Diphenyl  Ether 

The  diphenyl  ether  used  was  purified  under  the 
direction  of  F.  L.  Howard  by  fractional  freezing  and 
distillation  in  the  Engine  Fuels  Section  of  the  Bureau. 
The  purity  was  determined  by  R.  E.  McCoskey  and 
G.  T.  Furukawa  from  measurement  of  the  equilib¬ 
rium  temperature  of  a  solid-liquid  mixture  for 
various  known  values  of  the  mass  ratio  of  solid  to 
liquid.  The  value  reported  for  the  purity  is  99.9985 
mole  percent  and  that  for  the  triple-point  tempera¬ 
ture  is  300.03°  K.  It  was  later  found  [18]  that  the 
purity  of  this  sample  of  diphenyl  ether  after  heating 
to  about  360°  Iv  in  a  tin-lined  calorimeter  had 
decreased  to  99.9926  mole  percent. 

3.2.  Cleaning  the  Calorimeter 

Before  shell  E  (fig.  1)  was  soldered  to  brass  piece  /, 
it  was  washed  internally,  and  the  central  well  and 
attached  vanes  were  washed  externally  with  organic 
solvents  to  remove  .traces  of  oil  or  grease.  After 
shell  E  was  soldered  in  place,  the  interior  surfaces 
were  washed  repeatedly  with  boiling  distilled  water 
until  tests  showed  only  a  slight  change  in  the  re¬ 
sistivity  of  the  water  after  such  washings.  The 
system  was  then  heated  internally  and  externally  to 
a  temperature  somewhat  lower  than  the  melting- 
point  of  the  soft  solder,  and  was  evacuated  for 
about  a  week  at  a  pressure  less  than  10-4  mm  of 
mercury  to  remove  water  and  other  adsorbed 
materials. 

3.3.  Introducing  Diphenyl  Ether  and  Mercury  into 
the  Calorimeter 

The  method  of  introducing  diphenyl  ether  and 
mercury  into  the  calorimeter  can  best  be  explained 
by  reference  to  figure  2.  The  liquid  diphenyl  ether 
was  first  put  into  a  1 -liter  spherical  flask,  F,  and 
slowly  frozen  under  vacuum.  This  process  was 
repeated  several  times  until  most  of  the  dissolved 
gas  was  removed.  Then  with  the  diphenyl  ether 
frozen  the  flask  was  disconnected  from  the  vacuum 
system  and  sealed  to  the  2-in.  glass  tube,  T  (fig.  2), 
and  connecting  tubing,  and  connected  to  a  vacuum 
pump  and  to  the  calorimeter  as  indicated.  The 
system  was  then  evacuated  to  a  pressure  less  than 
1CT4  mm  of  mercury. 

During  this  procedure  the  end  of  glass  capillary  G 
(fig.  1)  was  sealed,  and  beaker  B  (fig.  1)  was  replaced 
by  a  short  glass  test  tube  containing  mercury  and 
closed  at  the  top  by  a  rubber  stopper  with  a  hole  of 
the  proper  size  to  fit  the  glass  capillary  leading  to 
valve  V.  This  tube  was  evacuated  through  a  side 
tube  above  the  mercury  surface.  Valve  V  was  then 
opened  so  that  the  pressure  in  it  and  the  glass  capil¬ 
lary  above  it  was  reduced  to  that  in  the  calorimeter 
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Figure  2.  Schematic  diagram  to  illustrate  method  of  introduc¬ 
ing  diphenyl  ether  into  calorimeter. 

(less  than  10-4  mm).  Valve  T7  was  then  closed,  and 
air  admitted  to  the  glass  tube,  which  replaced  beaker 
B,  thus  filling  the  valve  and  connecting  glass  capil¬ 
lary  completely  with  mercury.  The  beaker,  B,  con¬ 
taining  a  weighed  amount  of  mercury,  was  then 
replaced  in  its  normal  position,  as  shown  in  figure  1. 

An  attempt  was  made  to  remove  any  residual  gas 
in  the  diphenyl  ether  before  introducing  it  into  the 
calorimeter,  as  follows: 

With  the  vacuum  pump  operating,  a  small  amount 
of  diphenyl  ether  in  flask  F  (fig.  2)  was  melted  and 
allowed  to  run  down  into  tube  T,  where  it  was  re¬ 
frozen  by  surrounding  the  tube  with  ice.  The  di¬ 
phenyl  ether  in  T  was  then  remelted  and  allowed  to 
run  down  into  the  U-tube  at  the  lower  end  of  T. 
After  this  the  U-tube  was  kept  in  an  ice  bath  to  pre¬ 
vent  any  premature  flow  of  diphenyl  ether  into  the 
calorimeter.  The  procedure  of  melting  a  small 
amount  of  the  diphenyl  ether  in  F,  freezing  it  in  T. 
and  finally  remelting  it  and  allowing  it  to  flow  to  the 
bottom  of  T,  was  followed  repeatedly  until  the  entire 
amount  had  been  transferred  from  F  into  T. 

Valve  T7  (fig.  1)  was  then  opened,  and  the  desired 
amount  of  mercury  was  introduced  into  the  calo¬ 
rimeter.  After  this,  the  temperature  of  the  room 
was  raised  above  the  melting  point  of  diphenyl 
ether,  the  entire  amount  of  diphenyl  ether  in  tube 
T  (fig.  2)  and  in  the  U-tube  at  the  bottom  was 
melted,  and  the  liquid  allowed  to  flow  into  the  calo¬ 
rimeter.  When  the  flow  stopped,  a  small  amount 
of  liquid  remained  in  the  tube  connecting  to  the 
calorimeter.  Air  was  then  admitted  to  the  system 
through  the  line  to  the  vacuum  pump,  raising  the 
pressure  to  atmospheric.  The  connection  to  the 
calorimeter  was  then  removed  and  the  small  opening 
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into  the  calorimeter  was  closed  by  a  conical  stainless- 
steel  pin  forced  into  the  opening  by  means  of  a  screw- 
cap.  Holes  in  ths  screwcap  permitted  washing  out 
any  diphenyl  ether  remaining  outside  the  calorimeter 
proper  in  the  space  around  the  conical  pin. 

It  is  believed  that  by  the  above  procedure  the 
diphenyl  ether  introduced  into  the  calorimeter  was 
substantially  free  from  dissolved  gases.  Unfortu¬ 
nately,  however,  a  small  amount  of  air  was  later 
introduced  into  the  system  due  to  failure  of  the 
room  thermostat  during  a  weekend,  resulting  in  an 
excessively  low  room  temperature  and  consequent 
freezing  of  enough  diphenyl  ether  to  draw  all  the 
mercury  from  beaker  B  (fig.  1),  together  with  a 
small  amount  of  air,  into  the  calorimeter.  The  part 
of  the  air  that  was  trapped  in  valve  V  and  tube  J 
was  easily  removed,  but  that  which  actually  got  into 
the  calorimeter  could  not  be  removed  without  a 
major  operation,  which  it  seemed  desirable  to  avoid. 
The  air  is  normally  dissolved  in  the  liquid  diphenyl 
ether  and  apparently  does  not  seriously  reduce  the 
accuracy  of  measurements  with  the  calorimeter,  but 
it  does  cause  considerable  inconvenience  in  the  use 
of  the  instrument. 

4.  Forming  a  Mantle  of  Solid  Diphenyl 

Ether 

The  inconvenience  in  the  use  of  the  calorimeter 
resulting  from  dissolved  air  in  the  diphenyl  ether 
has  been  greatest  in  attempts  to  form  a  satisfactory 
mantle  of  solid  around  the  central  wall.  Because  it 
is  not  possible  to  see  into  the  calorimeter,  some  parts 
of  the  following  discussion  were  inferred  from  the 
observed  behavior  of  the  calorimeter. 

Because  diphenyl  ether  may  undercool  several 
degrees,  it  is  necessary  to  cool  some  part  of  the  ma¬ 
terial  in  the  calorimeter  several  degrees  below  its 
melting  point  to  start  freezing.  This  is  done  most 
conveniently  by  pressing  a  piece  of  ice  against  the 
wall  of  the  central  well.  If  any  considerable  amount 
of  diphenyl  ether  is  frozen  in  this  way,  air  in  the  gas 
phase  accumulates  in  the  calorimeter,  as  shown  by 
the  fact  that  the  change  with  pressure  in  the  position 
of  the  mercury  meniscus  in  the  capillary,  G ,  increases 
by  a  factor  of  as  much  as  five  in  some  cases.  The 
excess  sensitivity  to  pressure  disappears  due  to  solu¬ 
tion  of  air  in  the  remaining  liquid,  but  mantles 
formed  entirely  by  cooling  with  ice  have  never  given 
satisfactorily  consistent  results  in  calibration  experi¬ 
ments.  It  is  inferred  that  this  is  due  to  air  entrapped 
inside  the  solid  in  such  a  manner  that  it  did  not 
contribute  appreciably  to  the  apparent  compressi¬ 
bility  of  the  diphenyl  ether,  but  that  it  dissolved  in 
the  liquid  when  the  adjacent  solid  is  melted  in  a 
calibration  experiment,  thus  causing  the  observed 
increase  in  volume  of  the  system  to  be  low. 

In  some  cases  the  freezing  of  the  diphenyl  ether 
was  started  with  ice,  and  the  central  well  was  then 
filled  with  water  and  freezing  continued  slowly  by 
bubbling  air  through  the  water.  This  procedure 
did  not  always  lead  to  satisfactory  precision  in  the 
calorimetric  experiments.  In  some  cases  it  appeared 


that  in  this  procedure  the  mantle  did  not  spread 
uniformly  over  the  central  well,  but  tended  to  grow 
over  only  a  small  area,  and  finally  to  bridge  over  the 
space  between  the  central  well  and  shell  E  (fig.  1)  of 
the  calorimeter. 

The  most  satisfactory  results  were  obtained  with 
the  following  procedure:  (1)  A  small  amount  of 
diphenyl  ether  was  frozen  by  cooling  with  ice,  and 
the  calorimeter  was  left  overnight  to  permit  any 
gaseous  air  to  redissolve.  (2)  The  central  well  was 
filled  with  water,  which  was  stirred  by  bubbling  air 
through  it;  heat  was  supplied  by  means  of  the  heaters 
wound  on  the  outer  shell  E  (fig.  1)  of  the  calorimeter, 
and  small  pieces  of  ice  were  added  periodically  to 
the  water  in  the  central  well.  By  proper  adjust¬ 
ment  of  the  heating  current  and  the  rate  of  addi¬ 
tion  of  ice,  the  rate  of  freezing  of  diphenyl  ether 
could  be  made  as  low  as  desired,  and  the  temperature 
of  the  water  could  be  maintained  from  0.5  to  2  deg 
below  the  freezing  point.  Under  these  conditions 
it  was  expected  that  the  mantle  would  spread  over 
the  central  well  so  as  to  form  a  more  or  less  uniform 
layer. 

After  the  above  procedure  had  been  followed  for 
about  1.5  hr,  the  addition  of  ice  to  the  central 
well  was  stopped,  and  the  current  through  the 
heaters  was  reduced  gradually  to  zero  as  the  tem¬ 
perature  of  the  water  in  the  well  rose  to  the  melting 
point  of  the  diphenyl  ether.  Slow  freezing  of  the 
diphenyl  ether  was  then  continued  over  a  period  of 
2  or  3  days  by  bubbling  air  through  the  water  in  the 
central  well,  at  first  with  the  well  filled  with  water 
up  to  the  top  of  the  calorimeter  proper,  and  finally 
with  about  half  of  this  amount  in  order  to  make  the 
mantle  thicker  in  the  lower  part  where  heat  was  to 
be  added  to  it.  During  this  slow  freezing  a  small 
current  was  passed  through  the  electric  heaters  on 
the  outside  of  shall  E. 

Even  with  a  mantle  formed  in  the  manner  indi¬ 
cated,  it  was  necessary  to  melt  part  of  it  by  means 
of  the  heater,  B,  before  consistent  results  could  be 
obtained.  It  seems  probable  that  the  part  of  the 
solid  diphenyl  ether  which  was  frozen  with  ice  con¬ 
tained  entrapped  gaseous  air,  and  this  part  must  be 
melted  and  the  air  dissolved  in  order  to  obtain 
satisfactory  results. 

It  is  believed  that  the  difficulties  encountered  in 
forming  a  satisfactory  mantle  are  due  to  the  air  in 
the  system,  and  that  if  no  air  were  present,  a  mantle 
could  be  formed  much  more  quickly  and  easily. 

5.  Thermal  Leakage 

The  results  of  typical  experiments  to  determine 
the  thermal-leakage  coefficient  of  the  calorimeter  are 
plotted  in  figure  3.  The  slope  of  the  straight  line 
corresponds  to  a  thermal  leakage  of  0.0042  j  (0.0010 
cal)  per  minute  for  a  temperature  difference  of  0.001 
deg  C  between  calorimeter  and  jacket.  That  part 
of  the  thermal  leakage  due  to  conduction  along  me¬ 
tallic  connections  between  calorimeter  and  jacket 
has  been  calculated  to  be  approximately  half  of  the 
observed  total,  so  that  the  other  half  may  be  as¬ 
sumed  to  be  due  to  radiation. 
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Figure  3.  Thermal  leakage  between  calorimeter  and  jacket. 

Ordinate  represents  the  rate  change  of  position  of  the  mercury  meniscus  in 
the  graduated  capillary  tube.  (1  mm  is  approximately  equivalent  to  0.1  cal) 
Abscissa  represents  temperature  difference  between  calorimeter  and  jacket. 


The  observed  thermal -leakage  coefficient  is  a  little 
larger  than  is  desirable  for  measurements  to  a  pre¬ 
cision  of  one  or  two  hundredths  of  a  calorie.  The 
“reaction  period”  for  an  electrical  calibration  exper¬ 
iment  is  about  30  min,  and  the  temperature  of  the 
jacket  varies  in  an  irregular  manner  over  a  range  of 
a  few  ten  thousandths  of  a  degree  up  to  0.001  deg. 
It  is  found,  however,  that  the  observed  rate  of  heat 
transfer  remains  more  nearly  constant  over  periods 
of  1  or  2  hr  than  would  be  expected  on  the  basis  of 
the  curve  in  figure  3  and  the  observed  variation  in 
jacket  temperature.  This  is  undoubtedly  due  to 
damping  of  the  effect  of  fluctuations  in  jacket  tem¬ 
perature  by  the  radiation  shields  between  calori¬ 
meter  and  jacket,  the  relatively  heavy  calorimeter 
wall,  and  the  layer  of  liquid  between  the  calorimeter 
wall  and  the  mantle  of  solid  diphenyl  ether.  Al¬ 
though  this  damping  of  the  effect  of  fluctuations  in 
jacket  temperature  probably  reduces  the  uncertainty 
in  the  thermal  leakage,  this  uncertainty  nevertheless 
is  very  probably  one  of  the  major  sources  of  error  in 
the  calorimeter,  particularly  in  experiments  extend¬ 
ing  over  long  periods  of  time. 

6.  Calibration  of  the  Calorimeter 

The  graduated  capillary,  G  (fig.  1),  was  calibrated 
by  observing  at  various  points  along  the  capillary 
the  lengths  of  2-  and  8-cm  mercury  threads  with 
reference  to  the  scale  etched  on  the  capillary,  and  by 
weighing  the  mercury  removed  from  the  capillary 
when  the  reading  of  the  meniscus  changed  from  40 
cm  to  zero.  Corrections  found  for  nonuniformity  of 


Table  1.  Electrical  calibration  experiments 


Series 

Experi¬ 

ment 

Calibration 

factor 

Deviation 
from  mean 
for  series 

Deviation 
from  mean 
of  all  experi¬ 
ments 

1 

item 

4. 1435 

jjem 
-0.  0021 

Hem 
-0. 0012 

2 

4. 1452 

-.0004 

+  .0005 

1 _ 

3 

4.  1458 

+ . 0002 

+  .0011 

4 

4. 1473 

+.0017 

+  .0026 

5 

4. 1433 

-.0023 

-.0014 

6 

4. 1485 

+.0029 

+.  0038 

Mean _ 

Standard  deviation  of  mean... 

4.  1456 

±0.  0008  4 

1 

4.  1461 

+0.  0021 

+0.  0014 

2 

4. 1438 

-.0002 

-.0009 

3 

4.  1418 

-.0022 

-.0029 

_ 

4 

4.  1421 

-.0019 

-.0026 

5 

4. 1444 

+.  0004 

-.0003 

6 

4. 1450 

+.0010 

+.  0003 

7 

4.  1443 

+.0003 

-.0004 

8 

4. 1449 

+.  0009 

+  .0001 

Mean _  _  ._  .  ._  ..  _  .. 

Standard  deviation  of  mean... 

4. 1440 

±0. 0005  2 

f  1 

4. 1470 

+0.  00025 

+0.  0023 

2 

4.  1448 

+.  CX1003 

+.  0001 

3 _ 

\  3 

4.  1436 

-.00009 

-.0011 

4 

4. 1448 

+.  00003 

+  .0001 

l  5 

4.  1425 

-.00020 

-.0022 

Mean  _  _  _ 

Standard  deviation  of  mean  .. 

4.  1445 

±0.  0007  5 

Mean  of  ail  results  .  .  . 

Standard  deviation  of  mean... 

4. 1447 

±0. 0004  0 

the  capillary  bore  did  not  exceed  0.2  mm  (0.02  cal), 
and  the  mass  of  mercury  required  to  fill  the  capillary 
was  found  to  be  0.05239  8  ±0.000004  3  (sdm) 

g/cm.  This  corresponds  to  an  average  capillary 
diameter  of  0.71  mm. 

The  calorimeter  was  calibrated  electrically,  using 
the  100-ohm  heater,  R,  shown  in  figure  1,  a  Wolff- 
Diesselhorst  potentiometer,  a  Wolff  0.1 -ohm  stand¬ 
ard  resistor,  a  20000/20-ohm  volt  box,  and  a  saturated 
cadmium  standard  cell  maintained  at  a  constant 
temperature  of  about  32.8°  C  by  means  of  a  temper¬ 
ature-control  box  [19].  The  potentiometer,  volt 
box,  standard  resistor,  and  standard  cell  were 
calibrated  in  the  Electricity  and  Electronics  Division 
of  the  Bureau  immediately  following  the  calibration 
experiments  reported. 

The  results  of  three  series  of  calibration  experi¬ 
ments  are  given  in  table  1,  expressed  in  absolute 
joules  per  centimeter  displacement  of  the  mercury 
meniscus  in  the  graduated  capillary,  G.  The  results 
of  each  series  were  obtained  on  a  separate  mantle 
formed  in  the  manner  described  in  section  5.  The 
amount  of  heat  supplied  to  the  calorimeter  in  each 
experiment  was  approximately  159  j  (38  cal). 

Table  1  shows  that  the  results  of  each  series  of 
experiments  are  in  satisfactory  agreement  among 
themselves,  the  maximum  deviation  from  the  mean 
in  any  one  series  being  about  0.07  percent,  which 
corresponds  to  about  0.11  j  (0.027  cal)  in  the  159  j 
supplied  to  the  calorimeter.  However,  the  mean  of 
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the  results  of  the  first  series  differs  from  the  means 
for  the  other  two  series  by  somewhat  more  than  would 
be  expected  in  view  of  the  precision  attained  in  the 
separate  series.  This  suggests  that  perhaps  the 
method  of  forming  a  mantle  of  solid  does  not  entirely 
prevent  the  entrapment  of  air  in  the  solid,  and  that 
the  amount  entrapped  in  different  mantles  may  be 
significantly  different,  but  that  in  any  one  mantle  it 
is  small  enough  and  distributed  uniformly  enough 
through  the  solid  to  permit  a  relatively  high  precision 
in  measurements  with  that  mantle.  It  is  to  be 
expected,  therefore,  that  to  obtain  a  precision  of  the 
order  of  0.1  j  in  the  measurement  of  a  small  quantity 
of  heat  with  the  calorimeter  it  will  be  necessary  to 
make  a  new  calibration  of  the  calorimeter  for  each 
new  mantle. 

If  the  individual  results  of  all  three  series  are 
averaged,  the  maximum  deviation  from  the  mean 
result  so  obtained  of  the  mean  for  any  one  series  is 
about  0.02  percent,  corresponding  to  0.03  5  j  (O.Olcal), 
but  the  maximum  deviation  of  individual  results 
from  this  mean  is  now  0.09  5  percent  (0.15  j,  or 
0.04  cal). 

Combination  of  the  calibration  factor  4.1447  j/cm 
with  the  value  0.05239  8  g/cm  for  the  mercury  re¬ 
quired  to  fill  the  capillary  yields  the  calibration 
factor  79.10  ±0.010  (sdm)  j/g  of  mercury.  This  may 
be  compared  with  the  value  270.46  j/g  of  mercury 
reported  by  Ginnings,  Douglas,  and  Ball  [3]  for  the 
calibration  factor  of  the  ice  calorimeter.  The 
sensitivity  of  the  diphenyl  ether  calorimeter  is  thus 
about  3.4  times  that  of  the  ice  calorimeter. 

Combination  of  the  value  79.10  j/g  of  mercury  for 
the  calibration  factor  with  the  value  300.06°  Iv  for 
the  freezing  point  of  diphenyl  ether  under  the 
pressure  (114  cm  of  mercury)  in  the  calorimeter 
yields  the  value  —  A77/TATt=35.66  bars  per  deg  C. 
This  value  is  subject  to  some  uncertainty  because 
of  the  fact  that  the  observed  value  of  AH  JAY  may 
be  affected  by  gaseous  air  in  the  solid  diphenyl  ether. 

It  is  of  interest  to  compare  the  calibration  factor 
obtained  in  the  present  work  with  those  reported  by 
other  investigators — who  have  reported  their  results 


in  terms  of  weight  (or  volume)  of  mercury  expelled 
per  calorie.  The  results  on  this  basis  are  as  follows: 


Author 

Calibration  factor 

Sachse  [14] _  _  _  ---  _ 

Holmberg  [15] _  _  _ _ 

Klemm,  Tilk,  and  Jacobi  [16] _ _ 

Giguere,  Morissette.  and  Olmos  [21] _ 

Present  work _  _ 

g  Hg/caf 

0. 0364 
.0488 
.0528 
. 05260 
.  05289  5 
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An  Adiabatic  Calorimeter  for  the  Range  30°  to  500°C 

E.  D.  West  and  D.  C.  Ginnings 

An  adiabatic  calorimeter  accurate  to  0.1  percent  and  suitable  for  heat  capacity  measure¬ 
ments  of  solids  and  liquids  over  the  the  temperature  range  30°  to  500°  C  is  described.  Factors 
affecting  the  design  and  accuracy  are  discussed.  Automatic  controls  permit  one-man  opera- 
ion  of  the  apparatus.  Measurements  of  the  heat  capacity  of  AI2O3  agree  to  0.1  percent  with 
earlier  measurements  made  with  other  calorimeters  at  the  National  Bureau  of  Standards. 


1.  Introduction 

An  ideal  adiabatic  calorimeter  may  be  defined  as 
one  which  has  no  heat  transfer  to  its  environment. 
As  commonly  used  for  the  measurement  of  heat 
capacities,  an  adiabatic  calorimeter  is  one  which  is 
heated  over  a  small  temperature  interval,  keeping 
the  temperature  of  the  environment  as  near  as  pos¬ 
sible  to  the  temperature  of  the  calorimeter.  This 
type  of  calorimeter  has  been  used  extensively  at 
moderate  and  low  temperatures.  However,  at 
high  temperatures,  the  large  coefficient  for  heat 
transfer  by  radiation  increases  the  difficulty  of 
avoiding  heat  transfer  between  the  calorimeter  and 
its  environment.  Only  a  few  adiabatic  calorimeters 
have  been  used  above  500°  C  and  even  at  this  tem¬ 
perature,  an  accuracy  as  high  as  1  percent  is  unusual 
[1,  2,  3,  4]  .1 2 3  Consequently,  at  the  high  temperatures, 
the  “drop”  method  has  been  more  commonly  used 
for  the  determination  of  heat  capacities  [5].  Al¬ 
though  the  drop  method  can  reduce  uncertainties  due 
to  increased  heat  transfer  by  radiation,  it  has  one 
basic  limitation  which  prevents  its  universal  appli¬ 
cation.  This  limitation  is  that  the  method  can  be 
used  only  for  materials  which  reach  a  thermo¬ 
dynamically  reproducible  state  at  the  temperature 
of  the  calorimeter.  With  certain  materials  having 
slow  transitions,  this  reproducible  state  may  not  be 
reached.  The  element  sulfur  is  such  a  material, 
because  it  has  slow  transitions  which  make  accurate 
measurements  impossible  by  the  drop  method.  The 
calorimeter  described  in  this  report  was  developed 
for  the  temperature  range  30°  to  500°  C  with  the 
intention  that  it  would  lie  used  first  to  measure  the 
heat  capacity  of  sulfur. 

2.  Principles  of  Design 

This  adiabatic  calorimeter  was  designed  primarily 
to  be  accurate  to  0.1  percent  in  measuring  heat 
capacity  up  to  500°  C.  In  order  to  attain  this 
accuracy,  a  number  of  factors  were  considered.  The 
evaluation  of  electric  energy  input  to  0.01  percent 
is  relatively  easy  with  modern  techniques.  The 
use  of  a  platinum  resistance  thermometer  for  meas¬ 
urement  of  the  temperature  change  in  the  calorimeter 
makes  possible  an  accuracy  comparable  with  that 
of  the  electric  energy.  The  largest  uncertainty  in 

1  This  work  was  supported  in  part  by  the  Allied  Chemical  and  Dye  Corpora¬ 
tion  and  American  Petroleum  Institute  Project  48A  on  the  “Production,  Isola¬ 
tion,  and  Purification  oi  Sulfur  Compounds  and  Measurement  of  Their  Prop¬ 
erties.” 

2  This  paper  includes  material  from  a  thesis  submitted  by  E.  D.  West  to  the 
University  of  Maryland  in  partial  fulfillment  of  the  requirements  for  the  degree 
of  Master  of  Science. 

3  Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 


measuring  heat  capacity  with  adiabatic  calorimeters 
in  this  temperature  range  is  believed  to  be  the  un¬ 
certainty  in  “heat  leak”  (heat  transfer  between  the 
calorimeter  and  its  environment)  which  results  from 
experimental  departures  from  the  ideal  adiabatic 
condition.  Two  steps  are  taken  to  approach  the 
ideal  condition.  First,  the  heat  transfer  coefficient 
between  the  calorimeter  and  its  environment  is 
made  small.  Second,  the  temperature  of  the  en¬ 
vironment  is  kept  as  close  as  possible  to  the  tem¬ 
perature  of  the  calorimeter.  This  second  step  is 
much  more  difficult  because  the  surfaces  of  the 
calorimeter  and  its  environment  are  not  isothermal, 
especially  during  a  heating  period.  Consequently, 
in  many  calorimeters  thermocouple  junctions  are 
distributed  over  the  surfaces  to  “integrate”  the 
temperature  gradients  and  obtain  mean  surface 
temperatures.  This  procedure  introduces  difficulties 
because  the  mechanism  for  heat  transfer  may  be 
different  over  the  various  parts  of  the  surface. 
For  example,  a  part  of  the  calorimeter  having  a 
metallic  connection  to  the  environment  may  lose 
heat  mostly  by  metallic  conduction.  Another  part 
may  loose  heat  primarily  by  radiation  or  conduction 
through  gas.  The  amount  and  proportion  of  heat 
transferred  by  various  means  change  with  tempera¬ 
ture  or  other  circumstances,  so  that  the  ideal  dis¬ 
tribution  of  thermocouples  for  proper  integration 
is  difficult  to  achieve. 

In  adiabatic  calorimetry,  one  of  the  best  procedures 
is  to  make  two  types  of  heat  capacity  experiments, 
one  with  an  empty  calorimeter  (or  with  a  small 
amount  of  sample)  and  one  with  the  calorimeter 
filled  with  the  sample.  The  purpose  of  the  experi¬ 
ments  with  the  empty  calorimeter  is  twofold.  The 
first  purpose  is  to  account  for  the  heat  capacity 
of  the  empty  calorimeter  by  taking  the  difference 
in  the  results  of  the  two  experiments.  A  second 
purpose,  which  is  sometimes ,  overlooked,  is  to 
eliminate  heat  leak  errors  and  certain  other  errors 
which  have  the  same  absolute  value  in  the  two 
types  of  experiments.  This  procedure  can  be 
extremely  useful  in  the  elimination  of  the  effect  of 
some  unknown  heat  leaks.  However,  the  procedure 
does  not  eliminate  heat  leak  errors  which  are  dif¬ 
ferent  in  the  two  types  of  experiments.  Unfor¬ 
tunately,  the  very  existence  of  the  sample  in  the 
calorimeter  during  the  heating  interval  makes  the 
temperature  distribution  in  the  full  calorimeter 
different  from  that  in  the  empty  calorimeter.  It  is 
therefore  vital,  for  high  accuracy,  to  design  a  calorim¬ 
eter  having  essentially  the  same  temperature  dis- 
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tribution  over  its  outer  surface  in  the  t  \to  types  of 
experiments.  This  has  been  accomplished  in  the 
present  calorimeter  by  using  a  series  of  i  iin  silver 
shields  as  described  later. 

In  addition  to  high  accuracy,  the  calorimeter  was 
designed  to  require  only  one  person  for  its  operation. 
Adiabatic  calorimeters  capable  of  0.1  percent  ac¬ 
curacy  over  a  moderate  temperature  range  usually 
have  required  at  least  two  operators.  One  of  these 
operators  has  had  to  devote  most  of  his  time  to 
controlling  and  recording  the  various  temperatures 
pertinent  to  heat  leak  evaluation.  The  present 
calorimeter  has  been  designed  to  use  automatic 
equipment  to  make  it  possible  for  one  person  to 
operate  the  calorimeter  without  difficulty.  The 
calorimeter  was  also  designed  to  incorporate  a 
sample  container  which  could  be  removed  from  the 
calorimeter  with  a  minimum  of  disturbance  to  the 
electrical  system.  To  accomplish  this,  the  calorim¬ 
eter  was  designed  in  two  parts,  a  sample  container 
and  a  shield  system  surrounding  and  attached  to 
the  sample  container. 

3.  Calorimetric  Apparatus 

Figure  1  is  a  schematic  diagram  of  a  vertical 
section  of  the  apparatus.  The  calorimeter,  defined 
as  that  part  of  the  apparatus  where  energy  changes 
are  measured,  is  made  in  two  main  parts:  (1)  a 
sample  container  C  surrounded  by  (2)  a  shield  system 
consisting  of  the  silver  ring  R!  to  which  are  attached 
two  sets  of  silver  shields  and  Li.  Surrounding  the 
calorimeter  is  the  adiabatic  jacket  which  consists  of 
the  silver  ring  R2  to  which  silver  shields  S2  and  L2  are 
attached.  Between  the  jacket  ring  R2  and  the 
calorimeter  ring  Rj  are  two  ten-junction  thermopiles 
T!  which  indicate  the  vital  temperature  difference 
between  the  calorimeter  and  its  jacket.  Figure  2  is  a 
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Figure  1.  Vertical  cross  section  of  the  apparatus. 

C,  sample  container;  G,  GT,  aluminum;  H2,  jacket  heater;  Hia,  Hib.  calorime¬ 
ter  heater;  Li,  L2,  silver  lids;  Bi,  R2,  silver  rings;  Si,  S2,  silver  shields;  Ti,  thermo¬ 
pile;  T2-6,  thermocouples. 


photograph  of  the  top  of  the  calorimeter  and  jacket 
with  lids  Li!  and  L2  removed. 

Surrounding  the  jacket  is  a  “guard”  G  whose 
temperature  is  controlled  a  few  tenths  of  a  degree 
below  that  of  the  jacket  to  reduce  the  power  required 
in  the  jacket  and  the  consequent  temperature 
gradients.  It  also  guards  the  jacket  from  effects  of 
changes  in  ambient  conditions  and  in  the  temperature 
gradients  in  the  glass  fiber  which  is  used  for  thermal 
insulation  of  the  apparatus. 

3.1.  The  Calorimeter 

An  essential  requirement  underlying  the  design  of 
the  calorimeter  is  that  the  temperature  distribution 
on  its  outer  silver  surface  must  be  independent  of 
the  amount  of  material  in  the  sample  container  so 
that  the  empty  calorimeter  experiments  will  properly 
account  for  the  exchange  of  small  amounts  of  heat 
with  the  jacket.  As  a  practical  matter,  it  is  impor 
tant  that,  the  container  be  easily  removed  for  filling. 
Consequently,  the  additional  requirement  must  then 
be  imposed  on  the  design  that  the  temperature  dis¬ 
tribution  on  the  outer  surface  also  be  independent  of 
variations  in  thermal  contact  due  to  differences  in 
the  way  the  sample  container  is  installed.  It  is 
apparent  that  success  in  meeting  these  requirements 
will  depend  to  a  great  extent  on  minimizing  changes 
in  temperature  gradients  on  the  container  itself  and 
between  the  container  and  ring  R[.  It  is  desirable 
that-  these  gradients  be  small  so  that  their  changes 
will  be  small..  For  control  purposes,  the  design  must 
meet  the  further  requirement  that  the  calorimeter 
must  reach  thermal  equilibrium  quickly. 

The  sample  container  C,  figure  1,  is  a  cylinder  2  in. 
high  and  2  in.  in  diameter  made  from  aluminum  alloy 
1100  (99+  percent  pure)  with  a  stainless  steel  cover 
screwed  on  the  bottom.  Aluminum  was  used  here 
so  that  the  container  could  later  be  adapted  to  the 
measurements  on  sulfur.  In  order  to  distribute  heat 
quickly  to  the  sample  and  keep  gradients  small,  the 


Figure  2.  Top  view  of  the  calorimeter  and  jacket 
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container  is  made  from  a  solid  cylinder  of  aluminum 
by  boring  many  holes  2  to  5  mm  in  diameter  and 
leaving  a  web  of  metal  between  holes  so  that  no  part 
of  the  sample  is  more  than  2.5  mm  from  a  good 
thermal  conductor.  The  container  has  an  internal 
volume  of  70  cm  3  and  a  mass  of  about  112  g.  In  a 
central  well  in  the  container  is  a  platinum  resistance 
thermometer  enclosed  (but  not  sealed)  in  a  Vycor 
tube  which  is  ground  cylindrical  to  permit  a  good 
fit  in  the  well.  Also  inserted  in  the  top  of  the  sample 
container  are  three  coils  (HiA,  fig.  1)  of  the  calorimeter 
heater.  This  placement  of  the  heaters  permits 
observation  of  the  calorimeter  temperature  within  a 
few  hundredths  of  a  degree  while  heating. 

The  sample  container  is  held  against  the  silver 
ring  by  a  thin  stainless  steel  ring  and  twelve  stainless 
steel  screws.  To  avoid  contact  of  aluminum  with 
silver,  another  thin  stainless  ring  is  silver-soldered 
to  the  ring  where  it  is  in  contact  with  the  sample 
container.  This  second  stainless  ring  also  provides 
a  strong  material  for  attaching  the  screws. 

The  ring  Ri  is  made  of  pure  silver  0.8  cm2  in  cross 
section  to  reduce  temperature  gradients  due  to 
circumferential  heat  flow.  It  provides  space  for  12 
short  heater  coils  and  20  junctions  of  the  thermopiles 
which  measure  the  effective  temperature  difference 
between  the  calorimeter  and  its  jacket.  Silver- 
soldered  to  the  ring  are  three  silver  shields  each  0.25 
mm  thick.  The  function  of  the  shields  is  to  provide 
an  external  surface  on  which  the  effect  of  the  gradi¬ 
ents  on  the  sample  container  and  between  the 
sample  container  and  the  ring  is  greatly  attenuated. 
It  is  calculated  that  the  attenuation  by  one  shield  is 
a  factor  of  about  8,  so  that  the  attenuation  by  three 
shields  should  be  about  500.  The  temperature 
differences  on  the  surface  of  the  sample  container  are 
significant  only  during  the  heating  interval.  They 
are  calculated  to  be  not  greater  than  0.02°  C  when 
empty  and  0.04°  C  when  full.  The  temperature 
difference  between  the  sample  container  and  the 
ring  is  made  small  by  distributing  the  calorimeter 
heater  between  them  approximately  in  proportion 
to  their  heat  capacities.  By  various  combinations 
of  the  heating  coils  allowance  is  made  for  the  full  or 
empty  sample  container.  During  heating,  the  tem¬ 
perature  difference  between  the  sample  container 
and  the  ring  is  calculated  to  be  about  0.05°  C,  which 
is  less  than  10  percent  of  what  it  would  be  if  the 
heater  were  all  in  the  ring.  Assuming  the  uncer¬ 
tainty  in  the  reproducibility  of  this  gradient  is  as 
much  as  the  calculated  gradient,  the  variation  in  the 
average  temperature  of  the  outer  surface  of  the 
calorimeter  due  to  variations  on  the  sample  container 
is  estimated  to  be  only  about  0.0001°  C. 

More  critical  than  the  thermal  contact  between 
the  container  and  the  ring  is  the  contact  between 
the  lid  L,  and  the  ring  Rt,  because  variations  in  this 
contact  are  not  attenuated  and  directly  affect  the 
temperature  over  almost  one-sixth  of  the  outer  sur¬ 
face  of  the  calorimeter.  This  contact  is  made 
between  the  soft  silver  lid  screwed  down  against  a 
stainless  steel  ring.  Although  the  heat  capacity  of 
the  lid  is  small,  all  the  heat  required  to  raise  its 
temperature  during  the  heating  interval  must  come 


from  the  heaters  in  the  ring  through  this  mechanical 
contact.  In  disassembling  the  calorimeter,  this 
contact  is  usually  found  to  be  so  good  that  the  lid 
and  ring  must  be  forced  apart,  indicating  that  some 
heat  is  transferred  by  direct  metal-to-metal  con¬ 
duction.  However,  to  arrive  at  an  estimate  of  how 
large  the  temperature  difference  between  the  ring 
and  the  lid  may  be,  it  is  assumed  that  heat  transfer 
is  only  by  gaseous  conduction  through  an  effective 
spacing  of  0.0002  in.  With  these  assumptions,  the 
temperature  difference  between  lid  and  ring  is 
calculated  to  be  0.001°  C.  The  single-junction 
thermocouple  T3  is  not  sensitive  enough  to  determine 
variations  in  this  thermal  contact,  but  it  does  set  an 
upper  limit  of  a  few  thousandths  of  a  degree. 

The  calorimeter  heater  was  designed  to  have  large 
electrical  resistance  and  small  heat  capacity.  The 
coils  for  this  heater  (and  also  for  the  jacket  heater) 
are  made  by  winding  helices  of  oxidized  38  Nichrome 
V  wire  to  fit  inside  porcelain  tubes  1  mm  i.  d.  The 
lead  from  the  lower  end  of  each  coil  is  brought  up 
through  a  smaller  porcelain  tube  inside  the  helix.  To 
reduce  the  heat  developed  in  the  leads  between  coils, 
the  helices  are  arc  welded  in  helium  to  larger  nickel 
leads.  The  total  resistance  of  all  calorimeter  heaters 
in  series  would  be  640  ohms,  but  the  sections  are 
connected  in  two  series-parallel  combinations  to  give 
77  ohms  for  the  empty  calorimeter  and  60  ohms  for 
the  full  calorimeter.  The  heat  capacity  of  the 
heater  is  about  1  j  deg'1  C,  which  is  less  than  0.3 
percent  of  the  heat  capacity  of  the  full  calorimeter. 

3.2.  The  Adiabatic  lacket 

The  main  purpose  of  the  adiabatic  jacket  is  to 
minimize  heat  transfer  from  the  calorimeter.  To 
accomplish  this  purpose,  both  the  heat  transfer 
coefficient  and  the  temperature  difference  between  the 
jacket  and  the  calorimeter  are  made  small.  The 
jacket  is  adiabatic  if  its  effective  temperature  is 
equal  to  that  of  the  calorimeter.  At  equilibrium, 
this  equality  can  be  checked  by  following  the  calorim¬ 
eter  temperature.  However,  during  the  heating 
interval,  no  such  check  on  the  heat  transfer  is  avail¬ 
able.  In  place  of  effective  temperature  equality,  the 
more  feasible  requirement  has  been  substituted  that 
temperature  inequalities  and  the  corresponding  small 
heat  losses  be  the  same  in  the  two  experiments — one 
with  the  calorimeter  full  and  one  with  it  empty.  If 
this  substitute  requirement  is  satisfied,  then,  when  the 
empty  heat  capacity  is  subtracted  from  the  full  heat 
capacity,  allowance  is  automatically  made  for  those 
small  heat  losses  which  are  the  same  in  the  two 
types  of  experiments.  The  uncertainty  in  the 
equality  of  these  small  heat  losses  is  frequently  the 
chief  limitation  on  the  accuracy  of  the  heat  capacity 
measurements. 

In  order  that  heat  losses  compensate,  any  errors 
in  measuring  the  temperature  difference  between  the 
calorimeter  and  its  jacket  must  be  the  same  in  the 
two  types  of  experiments.  These  errors  are  greatest 
during  the  heating  interval.  To  make  them  the 
same  in  the  empty  and  full  experiments,  the  thermo¬ 
pile  junctions  must  have  the  same  thermal  lags  and 
the  gradients  on  the  outer  surface  of  the  calorimeter 
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and  the  inner  surface  of  the  jacket  must  be  the  same. 
The  temperature  difference  between  the  jacket  ring 
and  the  calorimeter  ring  is  measured  by  means  of 
two  ten-junction  Chromel-Alumel  thermopiles  (Tx, 
fig.  1)  connected  so  that  their  emf’s  are  additive. 
These  two  thermopiles  are  compared  frequently  by 
opposing  their  emf’s  to  detect  circumferential  gradi¬ 
ents  on  the  silver  rings.  The  junctions  are  made  at 
“thermal  tiedowns”  which  consist  of  small  gold  tabs 
sandwiched  between  mica  washers  for  electric  insula¬ 
tion  and  squeezed  against  the  silver  rings  by  stainless 
steel  nuts.  These  thermal  tiedowns  are  similar  to, 
but  larger  than,  those  used  previously  in  this  labora¬ 
tory  [6].  At  the  usual  heating  rate  of  0.5°  C  min-1, 
tests  indicate  the  junctions  of  the  thermopile  lag 
about  0.02°  C  below  the  rings.  The  lag  in  junctions 
on  the  calorimeter  is  compensated  for  by  the  lag  in 
those  on  the  jacket,  so  that  the  error  in  the  observed 
temperature  difference  will  be  considerably  less  than 
0.02°  C.  However,  it  is  necessary  to  have  this 
temperature  difference  reproducible  to  better  than 
0.001°  C  between  the  full  and  empty  measurements. 
To  insure  maximum  reproducibility,  the  thermopile 
junctions  are  not  disturbed  when  the  sample  con¬ 
tainer  is  removed  for  filling.  To  prevent  cooling  of 
the  thermopile  junctions  by  conduction  along  the 
deads  an  extra  thermal  tiedown  was  installed  in  each 
of  the  four  leads  to  bring  them  to  the  jacket  tempera¬ 
ture. 

In  addition  to  making  the  thermal  lags  the  same, 
the  gradients  on  the  inner  shield  of  the  jacket  must- 
be  reproducible,  just  as  the  gradients  on  the  outer 
surface  of  the  calorimeter  must  be  reproducible. 
However,  the  variations  to  be  attenuated  by  the 
jacket  are  due  to  disturbances  on  the  outside  and  are 
considerably  larger.  The  attenuation  at  400°  C 
has  been  determined  by  altering  the  guard  tempera¬ 
ture  0.75°  C  and  observing  the  effect  on  the  calorim¬ 
eter.  The  change  in  the  rate  of  heat  transfer  cor¬ 
responds  to  an  offset  of  the  jacket  temperature  of 
0.0056°  C,  an  attenuation  of  130.  The  attenuation 
is  much  greater  at  lower  temperatures.  The  uncer¬ 
tainty  in  the  guard  temperature,  estimated  from 
observations  of  time  and  circumferential  variations 
of  thermocouples  is  less  than  0.3°  C.  From  this  es¬ 
timate  the  uncertainty  in  reproducing  the  tempera¬ 
ture  distribution  inside  the  jacket  is  calculated  to  be 
about  0.002°  to  400°  C. 

During  the  heating  period,  there  are  gradients  on 
the  shields  Si  and  S2  due  to  heat  flowing  from  the 
rings  Rx  and  R2  to  raise  the  temperature  of  the 
shields.  When  the  calorimeter  is  being  heated  at 
0.5°  C  min-1,  the  temperature  difference  between 
the  ring  and  the  center  of  the  bottom  of  the  corre¬ 
sponding  shield  is  about  0.1°  C.  The  maximum 
temperature  difference  between  the  outer  shield  of 
the  calorimeter  and  the  inner  shield  of  the  jacket 
occurs  between  the  centers  of  the  shield  bottoms  and 
is  about  0.05°  C.  The  gradients  in  these  two  shields 
and  therefore  the  effective  temperature  difference 
between  them  are  very  nearly  proportional  to  the 
rate  of  heating.  Consequently,  the  rate  at  which 
heat  is  lost  from  the  calorimeter  by  transfer  between 
these  shields  is  directly  proportional  to  the  rate  of 


heating.  On  first  thought,  it  may  appear  that  the 
rate  of  heating  in  the  empty  experiment  would  have 
to  be  made  the  same  as  in  the  full  experiment.  That 
this  is  not  the  case  may  be  seen  from  the  following 
considerations:  In  any  given  experiment,  the  heat¬ 
ing  rate  is  virtually  constant,  so  that  energy  lost 
from  the  calorimeter  is  directly  proportional  to  the 
product  of  the  heating  rate  and  the  time  of  heating. 
Since  this  product  is  equal  to  the  change  in  the 
calorimeter  temperature,  the  energy  lost  is  the  same 
in  the  empty  and  full  experiments  if  they  have  the 
same  initial  and  final  temperatures.  The  rate  of 
heating  in  both  full  and  empty  experiments  was  ad¬ 
justed  to  0.5°  C  min-1  within  3  percent,  but,  to  es¬ 
tablish  the  validity  of  the  above  conclusion,  two  ex¬ 
periments  in  which  the  heating  rate  was  one-half  the 
usual  rate  were  carried  out  at  660.05  and  669.75°  K. 
The  data  for  these  two  experiments  are  given  in 
table.  1  (see  note  b).  At  these  temperatures  the 
large  heat  transfer  coefficient  would  result  in  the 
largest  effect  on  the  heat  capacity  values,  but  no 
such  effect  is  apparent. 

In  addition  to  reproducing  the  errors  in  measuring 
the  temperature  difference,  it  is  necessary  to  avoid 
changes  in  the  heat  transfer  coefficient  between  the 
empty  and  full  experiments.  During  the  heating 
interval,  the  gradient  on  the  inner  jacket  shield  is 
different  from  that  on  the  outer  calorimeter  shield, 
resulting  in  a  net  temperature  difference  even  when 
the  ring  temperatures  are  matched.  If  the  heat 
transfer  coefficient  were  to  change  between  the  empty 
and  full  measurements,  there  would  be  a  systematic 
error  equal  to  the  product  of  this  change  and  the 
average  temperature  difference  between  the  shields, 
which  is  calculated  to  be  about  0.026°  C  at  the 
normal  heating  rate. 

To  avoid  large  absolute  changes  in  the  heat 
transfer  coefficient,  it  has  been  made  small  by  using 
silver  for  the  outer  surfaces  of  the  calorimeter  and 
the  inner  surfaces  of  the  jacket.  The  silver  surfaces 
were  clean,  but  not  polished.  Silver  loses  its  polish 
when  heated,  but  the  heat  transfer  by  radiation  is 
not  changed  much  because  the  orientations  of  the 
new  crystallite  faces  are  at  small  angles  with  the 
average  plane  of  the  surface.  The  coefficient  for 
heat  transfer  by  radiation  is  calculated  to  be  0.10  w 
deg-1  C  at  400°  C.  The  coefficient  for  heat  transfer 
by  C02  gas  conduction  across  the  1-cm  space  is  cal¬ 
culated  to  be  0.07  w  deg-1  C  at  400°  C.  Although 
the  heat  transfer  coefficient  could  be  reduced  by  the 
amount  of  the  gas  conduction  if  the  system  were 
evacuated,  the  gain  would  be  more  than  offset  by 
the  adverse  effects  where  good  thermal  contact  is 
desired,  i.  e.,  at  the  lids,  heaters,  thermocouple 
junctions  and  the  thermometer. 

Heat  conduction  along  leads  and  supports  is  mini¬ 
mized  by  using  small  wires  and  poor  conductors 
whenever  possible.  The  thermopile  is  made  of 
No.  36  AWG  Chromel  P  and  Alumel  wires.  The 
seven  heater  and  thermdmeter  leads  are  No.  32 
AWG  gold  between  the  calorimeter  and  the  jacket. 
The  three  supports  for  the  calorimeter  are  Nichrome 
V,  6  mm  wide  and  0.1mm  thick.  The  total  metallic 
conductance  is  about  0.006  w  deg-1  C.  The  leads 
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Table  1.  Heat  capacity  of  aluminum  oxide  ° 


Empty  Calorimeter 

Calorimeter +AI2O3 

C°oS  AI2O3 

Standard  devia- 

CS  of  AI2O3I  Difference 

Temperature 

This  work 

tion 

Ref.  5 

This  work— 

Date 

Heat  ca- 

Date 

Heat  ca- 

Ref.  5 

pacity 
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°K(Int.  1948) 

abs j  deg~x 

abs j  deg~l 

abs  j  deg~l  mole-1 

abs  j  deg ->  mole _1 
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% 

|  9-9-55 

221.04 

10-27-55 

318.  82 

] 

311.92 

{  9-13-55 

221.  59 

10-28-55 

318.  79 

f  81.91 

±0.019 

81.90 

+0. 01 

( _ 

11-3-55 

318.  79 

1 

1  9-9-55 

222. 83 

10-27-55 

322.  23 

I 

321.  65 

{  9-13-55 

222.  78 

10-28-55 

322.  23 

}  83. 80 

.019 

83.  82 

-.02 

{ _ 

1 1-3-55 

322.  25 

1 

1  9-6-55 

224.  17 

10-27-55 

325.  81 

1 

331.35 

l  9-9-55 

224.  17 

10-28-55 

325.  79 

f  85. 66 

.017 

85.64 

+.  02 

1  9-13-55 

224. 15 

11-3-55 

325.  82 

1 

9-6-55 

225.  35 

10-28-55 

329.  04 

1 

341.  05 

f  9-9-55 

225.  38 

11-3-55 

329.  05 

f  87. 38 

.019 

87.  36 

+.  02 

l  9-13-55 

225.  31 

1 

|  9-6-55 

226.  47 

10-28-55 

332.  06 

1 

350.  65 

■  9-9-55 

1  9-13-55 

226.  48 

11-3-55 

332.  09 

89.01 

.019 

88.  99 

+.01 

|  9-6-55 

227.  54 

10-28-55 

335.  05 

] 

360.  35 

f  9-9-55 
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335.  06 

f  90. 58 

.019 
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.00 

1  9-13-55 

227.  57 

1 

[  9-15-55 

241.  94 
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I 

515.  15 

f  9-16-55 

241.  90 
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369.  34 

}  107. 36 

.022 
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+.  16 

1  1-27-56 

241.  92 

1-11-56 

369.  34 

1 

1  9-15-55 

242.  66 
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1  9-16-55 
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.020 
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+.  15 
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243.  52 
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1-11-56 
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.020 
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+.14 

I  2-7-56 
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1 
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11-16-55 

374.  05 
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374.  04 

374.  04 
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.020 
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+.  13 

1  2- 7-56 
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1 
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j 
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)  1-27-56 
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.020 
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1 
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I 

563.  55 
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1 
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] 

669.  75 

!  1-31-56 
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.053 
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1  2-3-56 
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1 
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}  116. 09 
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1  1-30-56 

256.  27 

12-30-55 
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1 
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.053 
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-.06 

1  2-2-56 
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1-6-56 
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1 

«  Molecular  weight  101.96.  &  Values  obtained  at  one-half  normal  heating  rate  not  Included  in  heat  capacity  calculations. 


are  brought  to  the  temperature  of  the  rings  by  the 
same  tiedown  technique  used  for  the  thermopile 
junctions.  The  leads  and  supports  are  not  disturbed 
when  the  container  is  removed.  Calculations  indi¬ 
cate  that  heat  transfer  by  convection  is  wholly 
negligible,  so  that  the  over-all  heat  transfer  coeffi¬ 
cient  for  flow  from  the  calorimeter  is  calculated  to  be 
about  0.18  w  deg'1  C  at  400°  C. 

By  controlling  the  jacket  temperature  about 
0.01°  C  hot  or  cold,  the  change  in  heat  flow  from  the 
calorimeter  leads  to  an  experimental  evaluation  of 
the  heat  transfer  coefficient.  At  400°  C,  the  mean 
value  of  this  coefficient  is  0.23  w  deg'1  C,  with  a 
standard  deviation  of  ±0.02  which  is  in  reasonable 
agreement  with  the  calculated  value  above.  Esti¬ 
mating  the  average  uncertainty  in  the  temperature 
difference  from  all  causes  to  be  0.001°  C  at  400 
and  considering  a  typical  40-min  experiment,  the 


heat  loss  due  to  this  uncertainty  is  equivalent  to 
0.08  percent  of  the  heat  capacity  of  the  A1203.  This 
0. 08-percent  uncertainty  is  comparable  to  the  scatter 
of  the  heat  capacity  results  around  670°  K  (table  1). 
This  considerable  heat  effect  from  such  a  small 
temperature  difference  is  indicative  of  the  difficulties 
of  adiabatic  calorimetry  at  elevated  temperatures. 

3.3.  Guard  System 

The  guard  G  is  made  from  aluminum  2  cm  thick. 
The  heaters  are  in  three  sections  distributed  over 
the  surface.  The  guard  temperature  is  automatically 
controlled  about  0.3°  C  belowr  the  jacket  temperature 
using  a  single  junction  Chromel-Alumel  thermocouple 
between  the  jacket  ring  and  the  cylindrical  section 
of  the  guard.  This  temperature  difference  permits 
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sufficient  cooling  to  maintain  automatic  control  of 
the  jacket.  The  temperature  of  the  top  and  bottom 
sections  are  controlled  to  the  temperature  of  the 
cylindrical  section  by  means  of  differential  thermo¬ 
couples.  After  temperature  gradients  in  the  guard 
were  found  to  cause  appreciable  gradients  in  the 
jacket  ring  R2,  a  series  of  thermocouples  was  installed 
to  measure  circumferential  gradients  in  the  guard. 
These  gradients  amounted  to  several  degrees  and 
were  highly  dependent  on  the  variations  in  packing 
the  glass  fiber  insulation  around  the  guard.  To 
reduce  these  gradients,  which  caused  significant  cir¬ 
cumferential  gradients  on  the  jacket  ring  R2,  a 
heated  aluminum  cylinder  was  placed  around  the 
guard. 

At  the  bottom  of  the  guard  is  a  connection  to  the 
C02  supply.  Carbon  dioxide  is  kept  flowing  into 
the  calorimeter  at  all  times  at  a  rate  of  about  1 
cm3  sec-1.  A  fraction  diffuses  through  small  holes 
in  the  various  silver  shields  and  lids  to  insure  a 
uniform  atmosphere  throughout.  Changing  the 
C02  flow  by  tenfold  does  not  affect  the  heat  transfer 
from  the  calorimeter. 

4.  Energy  and  Temperature  Measurements 

The  power  to  the  calorimeter  is  obtained  from 
large  capacity  storage  batteries.  It  is  evaluated  in 
the  conventional  way  by  determining  the  current 
through  the  calorimeter  heater  and  the  potential 
drop  across  it.  The  current  is  determined  by  the 
potential  drop  across  a  1-ohm  series  resistor  (certi¬ 
fied  to  0.005%).  The  potential  drop  across  the 
calorimeter  heater  is  divided  by  a  20,000-ohm  volt 
box  which  has  a  100:1  ratio  certified  to  0.01  percent. 
The  current  through  the  volt  box  is  accounted  for 
in  evaluating  the  true  calorimeter  current.  The 
potential  across  the  1-ohm  resistor  and  across  1 
percent  of  the  volt  box  is  determined  by  means  of  a 
Wenner  potentiometer  certified  to  0.01  percent  and 
standardized  against  a  saturated  standard  cell  which 
is  accurate  to  0.002  percent. 

To  allow  for  the  small  amount  of  heat  generated 
in  the  current  leads  between  the  calorimeter  and  its 
jacket,  one  potential  lead  is  brought  from  a  terminal 
on  the  calorimeter,  the  other  from  a  terminal  on  the 
jacket.  If  the  current  leads  are  alike,  this  proce¬ 
dure  accounts  for  that  part  of  the  heat  generated  in 
them  which  flows  to  the  calorimeter.  All  leads  are 
brought  to  the  temperature  of  the  jacket  and  the 
calorimeter  by  means  of  thermal  tiedowns  like  those 
used  for  the  thermopile.  The  resistance  of  the  leads 
is  approximately  0.03  ohm,  so  that  only  about  0.02 
percent  of  the  heat  to  the  calorimeter  is  generated 
in  the  leads.  A  very  small  correction  is  applied  for 
beat  generated  in  the  resistance  thermometer. 

The  heating  interval  (about  1,200  sec)  is  meas¬ 
ured  to  about  0.02  sec  with  an  electric  timer  syn¬ 
chronized  with  an  accurate  crystal  oscillator.  The 
interval  is  held  to  integral  seconds  by  synchronizing 
the  heater  switch  with  a  relay  which  closes  once  each 
second.  The  coincidence  of  these  second  signals  is 
checked  dailv  against  standard  time  signals  from 
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The  25-ohm  platinum  resistance  thermometer  was 
calibrated  at  the  Bureau.  The  resistance  at  the  ice 
point  is  checked  each  time  the  sample  container  is 
removed.  A  thermometer  current  of  2  ma  was 
used.  The  resistance  is  measured  with  a  Mueller 
bridge  calibrated  in  this  laboratory.  Temperatures 
are  reported  in  degrees  Celsius  as  obtained  by  use 
of  the  International  Temperature  Scale  (1948). 
Temperatures  on  the  Kelvin  scale  were  obtained  by 
adding  273.15°. 

5.  Jacket  Control  System 

Precise  control  of  the  temperature  difference 
between  the  jacket  and  the  calorimeter  is  essential 
for  accurate  measurements.  The  apparatus  has 
been  designed  with  low  thermal  lags  in  the  thermo¬ 
piles  and  heaters  to  facilitate  precise  control.  A 
commercially  available  servo  system,  used  in  con¬ 
junction  with  the  thermopiles,  controls  the  jacket 
temperature  more  precisely  and  for  longer  periods 
than  is  possible  for  a  human  operator.  The  servo 
system  consists  of  an  amplifier,  a  recorder  and  a 
control  unit.  A  few  refinements  have  been  added 
to  permit  closer  control  at  the  beginning  and  end  of 
the  heating  period.  The  details  of  the  control 
system  are  described  elsewhere  [7]. 

The  control  system  holds  the  temperature  differ¬ 
ence  within  ±0.001°  C  on  the  average.  This  control 
is  much  better  than  that  obtained  by  manual 
operation,  which  was  attempted  in  some  preliminary 
experiments.  Deviations  from  ideal  control  are 
integrated  electronically  over  the  time  of  an  experi¬ 
ment  and  a  small  correction  is  applied.  Frequent 
checks  of  the  amplifier  and  recorder  indicate  that  the 
indicated  zero  is  stable  to  ±0.2  /zv,  which  corresponds 
to  0.0002°  C.  Random  variations  of  the  control 
zero  will  appear  in  the  data;  long-term  changes  will 
be  taken  into  account  by  the  operating  procedure. 

6.  Experimental  Procedure 

In  a  normal  day’s  work  one  operator  can  obtain 
the  data  for  six  to  nine  experiments,  depending  on 
how  much  time  is  required  to  adjust  the  apparatus 
to  the  desired  initial  conditions.  So  that  the 
apparatus  will  not  be  too  far  from  these  conditions, 
its  temperature  is  held  overnight  about  10  deg  below 
the  desired  initial  temperature  by  automatic  control 
of  the  guard  heaters.  Prior  to  starting  a  series  of 
experiments,  the  temperatures  of  the  jacket  and 
guard  are  brought  under  automatic  control.  The 
calorimeter  is  then  heated  to  the  initial  temperature, 
adjusting  the  number  of  cells  in  the  storage  battery 
and  a  resistance  in  series  with  the  calorimeter  heater 
to  give  a  heating  rate  of  0.5°  min-1.  This  series 
resistance  is  kept  about  equal  to  the  resistance  of 
the  calorimeter  heater  so  that  the  change  in  heater 
resistance  with  temperature  will  produce  only  a 
very  small  change  in  the  power  level  [8] .  Whenever 
current  is  not  desired  in  the  calorimeter  heater, 
it  is  switched  to  a  “dummy”  resistor  which  has  about 
the  same  resistance  as  the  calorimeter  heater.  This 
procedure  keeps  the  external  circuit  at  operating 
temperature  and  avoids  most  of  the  change  in 
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external  resistance  which  would  otherwise  occur 
when  the  current  is  turned  on.  From  7  to  10  minutes 
after  the  power  is  shut  off,  the  temperature  of  the 
calorimeter  (with  the  A1203  sample)  can  be  deter¬ 
mined.  The  temperature  is  obtained  from  four 
readings  on  a  Mueller  bridge  taken  at  30-sec  intervals. 
After  another  10-min  period,  the  temperature  is 
again  observed  to  determine  the  initial  temperature 
“drift”,  i.  e.,  the  rate  of  change  of  the  calorimeter 
temperature  with  time.  At  300°  K  this  drift  is 
only  0.005°  hr-1,  but  at  700°  Iv  it  amounts  to 
0.03°  hr"1. 

About  30  sec  after  the  last  temperature  reading, 
the  current  from  the  storage  batteries  is  switched 
from  the  dummy  resistor  to  the  calorimeter  heater 
on  an  integral  second.  The  emf’s  corresponding  to 
the  heater  current  and  voltage  are  each  read  on  the 
potentiometer  at  3-minute  intervals.  The  operator 
also  has  time  during  the  heating  period  to  check  the 
operation  of  the  automatic  control  equipment  and 
read  the  various  auxiliary  thermocouples.  About 
a  minute  before  the  end  of  the  heating  period,  the 
resistance  thermometer  current  is  turned  on  and  the 
temperature  is  observed  continuously  until  it  is  a 
few  hundredths  of  a  degree  below  the  desired  final 
temperature.  The  power  is  then  switched  back  to 
the  dummy  resistor  on  the  nearest  integral  second. 

The  temperature  is  observed  after  the  calorimeter 
reaches  equilibrium  and  again  after  a  10-min  interval 
to  obtain  the  final  temperature  and  its  drift.  Based 
on  the  final  and  initial  drift  experiments  a  correction 
for  drift  during  an  experiment  is  applied  to  the 
apparent  heat  capacity.  This  correction  makes  an 
allowance  for  a  number  of  factors  which  change 
from  one  experiment  to  the  next,  such  as  changes 
in  the  control  point  of  the  jacket  control  system 
or  changes  in  spurious  emf’s  of  the  thermopile.  In 
the  time  between  heating  periods,  the  apparent  heat 
capacity  is  calculated,  so  that  comparison  with 
previous  results  can  be  made  before  the  next  experi¬ 
ment  is  begun. 

To  obtain  the  small  correction  for  deviations  of 
the  jacket  temperature  from  that  of  the  calorimeter, 
the  electronic  integrator  is  read  each  time  the 
calorimeter  temperature  is  observed.  Each  day,  the 
factor  for  converting  the  integrator  readings  to 
energy  correction  is  evaluated  by  changing  the 
jacket  control  point  0.01°  C  for  10  min  and  observing 
the  corresponding  integrator  readings  and  tem¬ 
perature  changes  on  the  calorimeter. 

After  completion  of  a  series  of  experiments  with 
the  empty  container  it  is  removed,  filled  with  a 
sample,  and  replaced.  When  it  is  not  necessary  to 
seal  the  sample  container  (as  with  A1203)  the  time 
required  for  this  operation  is  about  2  days.  After 
filling  the  calorimeter,  a  second  series  of  measure¬ 
ments  is  made. 

7.  Heat  Capacity  of  Aluminum  Oxide 

The  heat  capacity  of  the  Calorimetry  Conference 
sample  of  A1203  [5]  has  been  measured  in  this  calo¬ 
rimeter  from  305°  to  365°,  from  510°  to  570°,  and 
from  655°  to  695°  K,  using  a  120-g  sample.  The 
data  are  summarized  in  table  1.  The  data  shown 


for  the  empty  and  full  calorimeter  have  been  cor¬ 
rected  to  the  average  temperature  shown  in  the  first 
column.  The  heat  capacities  calculated  from  these 
data  have  been  corrected  for  the  curvature  of  the 
heat  capacity-temperature  function,  for  buoyancy  in 
weighing,  and  for  the  heat  capacity  of  C02  displaced 
by  the  A1203.  The  experiments  were  carried  out 
at  a  constant  pressure  of  1  atm  so  that  Cv  is  deter¬ 
mined  directly.  Included  for  comparison  are 
smoothed  data  taken  from  earlier  work  in  this  lab¬ 
oratory  with  two  different  calorimeters  [5],  In  the 
last  column  are  shown  the  percentage  differences 
between  the  new  data  and  the  earlier  work.  The 
estimated  uncertainty  in  the  earlier  data  obtained 
in  an  adiabatic  calorimeter  is  ±0.1  percent  from  90 
to  373°  Iv;  the  uncertainty  in  the  data  obtained  by 
the  drop  method  increases  from  ±0.2  percent  at  373 
to  ±0.4  percent  at  1073°  Iv.  The  agreement  with 
the  earlier  data  is  well  within  these  estimated 
uncertainties. 

8.  Analysis  of  Errors 

The  random  errors  associated  with  the  results  in 
table  1  have  been  estimated  by  ordinary  statistical 
methods,  using  all  the  data  in  each  temperature 
range  to  estimate  the  standard  deviation  of  indi¬ 
vidual  measurements  in  that  range.  This  “pooled 
estimate”  of  the  standard  deviation  is  then  used  to 
compute  the  standard  deviations  of  the  heat  capacity 
of  A1203  at  each  temperature.  These  standard 
deviations  are  given  in  table  1.  Confidence  limits 
(99%  level)  for  the  heat  capacity  of  A1203  are  ±0.05 
percent  for  the  two  lower  ranges  and  ±0.14  percent 
for  the  highest  range.  These  limits  would  include 
the  average  of  an  infinite  number  of  observations 
99  percent  of  the  time,  but  they  do  not  include  an 
estimate  of  systematic  errors. 

It  is  believed  that  the  •  variations  in  the  data  in 
table  1  are  mainly  due  to  heat  transfer  from  the 
calorimeter  which  is  not  accounted  for  by  the  cor¬ 
rection  for  the  calorimeter  drift  experiments.  This 
correction  averages  0.05  j  deg-1  in  the  lowest  range, 
0.12  j  deg-1  in  the  middle  range,  and  0.50  j  deg-1 
in  the  highest  range.  The  magnitude  of  the  drift 
decreased  with  time  after  the  heating  interval  in  a 
manner  which  is  nearly  exponential  with  a  time 
constant  of  2  or  3  hr  and  probably  results  from 
thermal  lags  in  the  glass  fiber  insulation.  The 
magnitude  of  the  correction  will  accordingly  depend 
on  when  the  drift  is  determined.  In  general,  the 
drift  has  been  determined  as  described  in  section  6. 
The  validity  of  corrections  based  on  these  drift 
experiments  can  be  judged  by  the  sets  of  data  taken 
in  the  middle  temperature  range  on  November  16 
and  17,  1955,  and  January  11,  1956  (table  1).  These 
sets  of  data  had  very  different  drift  corrections  aver¬ 
aging  respectively  —0.15,  ±0.13  and  ±0.09  j  deg-1, 
yet  the  apparent  heat  capacities  in  the  three  sets 
agree  on  the  average  to  0.01  j  deg-1.  By  contrast, 
the  sets  of  data  taken  in  the  highest  range  on  Decem¬ 
ber  30,  1955,  January  4,  1956,  and  January  6,  1956, 
had  corrections  averaging  respectively  0.55,  0.39 
and  0.49  j  deg-1,  and  the  average  difference  between 
the  heat  capacity  data  of  January  4  and  those  of 
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January  6  is  0.14  j  deg'1.  It  is  obvious  that  not 
only  are  the  drift  corrections  larger  at  high  temper¬ 
atures,  but  they  are  also  relatively  more  uncertain. 

The  variations  in  drift  seem  to  be  random  in 
nature,  not  differing  significantly  between  the  empty 
and  full  calorimeter  experiments.  Therefore  no 
allowance  for  errors  in  drift  corrections  has  been 
made  other  than  that  for  the  random  errors  which 
appear  as  scatter  in  the  data. 

The  systematic  errors  discussed  below  are  es¬ 
timated  to  be  on  about  the  same  probability  basis 
as  the  confidence  limits  given  above  for  random 
variations. 

An  estimate  of  the  over-all  systematic  error  from 
the  measuring  instruments  of  ±0.02  percent  is 
obtained  by  taking  the  square  root  of  the  sum  of 
the  squares  of  the  individual  estimates  in  section  4. 
There  is  also  a  possibility  of  systematic  errors  in 
accounting  for  heat  lost  from  the  calorimeter. 
These  errors  might  arise  either  from  changes  between 
empty  and  full  experiments  in  the  heat  transfer 
coefficient  or  in  the  temperature  distribution  on  the 
outer  surface  of  the  calorimeter  or  the  inner  surface 
of  the  jacket. 

An  estimate  can  be  made  of  the  systematic  error 
which  may  be  due  to  a  change  in  the  heat  transfer 
coefficient.  The  error  is  possible  because,  during  the 
heating  interval,  the  gradient  on  the  inner  jacket 
shield  is  different  from  that  on  the  outer  calorimeter 
shield,  resulting  in  a  net  tempera tue  difference  even 
though  the  thermopiles  indicate  zero.  If  the  heat 
transfer  coefficient  changes  between  the  full  and 
empty  measurements,  the  empty  measurement  will 
not  make  the  proper  allowance  for  the  small  heat 
loss.  It  is  therefore  necessary  to  consider  possible 
changes  in  the  heat  transfer  coefficient. 

The  reproducibility  of  heat  transfer  by  gas  con¬ 
duction  depends  only  on  the  composition  of  the  gas. 
The  C02  is  kept  flowing  through  the  system  at  all 
times  so  that  a  significant  change  in  composition  due 
to  diffusion  of  air  is  unlikely.  It  has  already  been 
pointed  out  that  conduction  along  leads  and  sup¬ 
ports  is  the  same  in  the  full  and  empty  experiments. 
It  is  therefore  unlikely  that  the  heat  transfer  co¬ 
efficient  might  change  because  of  changes  in  metallic 
or  gas  conduction. 

There  remains  the  possibility  of  a  change  in  heat 
transfer  by  radiation  due  to  a  change  in  the  emittance 
of  the  silver  surfaces.  This  change  might  come 
about,  for  example,  by  the  formation  of  a  sulfide 
layer,  although  no  such  corrosion  was  discernible  on 
the  several  occasions  when  the  calorimeter  was 
opened.  The  uncertainty  in  the  observed  heat 
transfer  coefficient  is  too  large  to  permit  a  significant 
statement  about  any  systematic  change  between 
empty  and  full  experiments.  However,  in  the  mid¬ 
dle  temperature  range,  empty  experiments  were 
made  both  before  and  after  the  full  experiments. 
If  there  is  a  significant  change  in  the  heat  transfer 
coefficient  between  the  two  series  of  empty  measure¬ 
ments,  it  should  result  in  a  constant  difference 
between  the  averages  of  the  heat  capacity  values. 
It  is  apparent  from  table  1  that  there  is  no  evidence 
of  such  a  difference. 


Apart  from  the  variation  in  the  heat  transfer 
coefficient,  systematic  error  can  be  introduced  if 
there  is  a  change  (between  empty  and  full  experi¬ 
ments)  in  the  temperature  distribution  on  either 
the  outer  surface  of  the  calorimeter  or  the  inner 
surface  of  the  jacket.  In  section  3.1,  the  effect  on 
the  outer  shield  of  the  calorimeter  due  to  loading  the 
sample  container  and  changing  the  gradient  between 
the  container  and  the  ring  is  estimated  to  be  about 
0.0001°  C.  Taking  the  heat  transfer  coefficient  at 
400°  C  to  be  about  0.23  w  deg-1,  the  error  in  a  20-min 
heating  period  on  a  sample  of  130  j  deg-1  heat 
capacity  is  0.002  percent.  Also  in  section  3.1,  the 
temperature  drop  from  the  ring  Rt  to  the  lid  Li  is 
estimated  to  be  0.001°  C.  If  the  irreproducibility  in 
squeezing  the  silver  against  the  stainless  steel  is  50 
percent,  the  systematic  error  may  be  0.005  percent. 
A  similar  estimate  applies  to  the  jacket  lid  L2.  Both 
lids  were  removed  several  times  during  the  measure¬ 
ments  to  allow  work  on  the  electrical  system  so  that 
the  error  due  to  the  lids  appears  to  a  considerable 
extent  as  a  random  error  in  the  data. 

One  further  possibility  of  error  is  in  the  reproduci¬ 
bility  of  a  circumferential  gradient  in  the  silver  rings 
which  might  arise  from  a  large  change  in  contact 
between  the  sample  container  and  the  ring,  or  from 
a  change  in  the  technique  of  packing  the  insulation 
around  the  guard.  If  this  gradient  is  properly 
averaged  around  the  ring  by  evenly  spacing  the 
thermopile  junctions,  no  error  results  even  if  it  is  not 
reproducible;  however,  the  thermopiles  are  dis¬ 
tributed  around  only  three-fourths  of  the  circum¬ 
ference,  so  that  one-fourth  of  the  circumference  is 
not  included  in  the  average.  At  equilibrium  the 
thermopiles  indicate  a  difference  of  less  than  1  nv, 
and  there  is  no  apparent  variation  between  the  full 
and  empty  experiments.  If  a  possible  change  in 
this  gradient  between  the  full  and  empty  measure¬ 
ments  is  no  greater  than  the  limit  of  sensitivity  of 
the  temperature  difference  measurement,  the  re¬ 
sulting  error  is  about  0.005  percent  of  the  heat 
capacity  of  the  A1203. 

Taking  into  consideration  the  random  and  system¬ 
atic  errors,  the  error  in  the  heat  capacity  of  A1203  is 
estimated  to  be  less  than  0.1  percent  in  the  lower 
ranges  and  less  than  0.2  percent  in  the  upper  range. 
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In  connection  wun  a  precision  adiabatic  calorimeter  used  for  heat-capacity  measurements  up  to  500°C, 
there  is  described  apparatus  for  automatically  controlling  and  recording  the  temperature  difference  between 
the  calorimeter  and  its  surroundings  and  for  evaluation  of  the  heat  leak  by  electronic  integration  of  the 
time-temperature  difference  function. 


I.  INTRODUCTION 

N  ideal  adiabatic  calorimeter  is  an  instrument  in 
which  quantities  of  heat  are  measured  with  no 
exchange  of  energy  between  the  calorimeter  and  its 
surroundings  (the  adiabatic  jacket).  To  eliminate 
energy  exchange  the  ideal  apparatus  could  have  either 
the  heat  transfer  coefficient  or  the  temperature  differ¬ 
ence  between  the  calorimeter  and  its  jacket  zero;  in 
an  actual  apparatus,  both  are  made  as  small  as  practic¬ 
able  and  a  correction  is  applied  for  known  deviations 
from  ideal  temperature  matching. 

In  a  typical  experiment,  the  jacket  temperature  is 
controlled  as  near  as  possible  to  the  calorimeter 
temperature  while  the  temperature  of  the  calorimeter 
is  measured  at  thermal  equilibrium,  energy  is  added, 
and  the  temperature  is  again  measured  after  allowing 
a  suitable  time  for  equilibrium.  This  experimental 
procedure  increases  the  complexity  of  the  control 
problem  because:  (1)  With  the  calorimeter  at  equilib¬ 
rium,  the  jacket  requires  only  sufficient  power  to 
balance  that  lost  to  its  surroundings.  (2)  When  energy 
is  added  to  the  calorimeter,  the  jacket  requires  addi¬ 
tional  power  to  raise  its  temperature  at  a  matching 
rate.  This  additional  power  may  be  many  times  the 
equilibrium  power,  yet,  to  be  effective,  the  adjustment 
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Fig.  1.  Schematic  diagram  showing  vertical 
section  of  the  calorimeter. 


must  be  made  in  a  very  short  time.  As  the  experimental 
temperature  is  increased,  the  demand  for  accurate 
control  of  the  temperature  difference  increases  because 
of  the  rapid  increase  in  heat  transfer  by  radiation. 
For  precise  work,  the  observation  and  control  of  the 
temperature  difference  between  the  jacket  and  the 
calorimeter  usually  require  most  of  the  attention  of 
one  person,  so  that  two  or  more  observers  are  required 
to  operate  the  apparatus.  To  permit  operation  of  the 
calorimeter  by  only  one  person,  it  is  necessary  to 
record  and  control  automatically  this  temperature 
difference  and  to  integrate  it  with  respect  to  time. 

Although  versatile  automatic  control  equipment  is 
available  for  adaptation  to  temperature  control 
problems  in  calorimetry,  it  is  essential  for  best  results 
to  design  the  thermal  system  so  as  to  facilitate  the 
control  problem.  Large  heat  capacities  and  poor 
thermal  contacts  must  be  avoided  in  heaters  and 
temperature-sensing  devices. 

In  recent  years,  a  number  of  experimenters  have 
reported  automatic  control  of  adiabatic  jackets,1-4 
but  the  present  work  is  believed  to  offer  the  closest 
control  when  the  calorimeter  is  intermittently  heated. 
It  was  the  purpose  of  the  work  described  below  to 
apply  electronic  instrumentation  to  the  control  and 
evaluation  of  heat  exchange  to  permit  one  operator  to 
measure  heat  capacities  from  30  to  500 °C  with  an 
accuracy  of  0.1%.  A  detailed  description  of  the  calorim¬ 
eter,  together  with  measurements  on  the  heat  capacity 
of  aluminum  oxide,  will  be  reported  elsewhere.1 2 3 4 5 

II.  ADIABATIC  CALORIMETER 

Figure  1  shows  schematically  the  essential  parts  of 
the  calorimetric  apparatus.  The  calorimeter  (defined 
as  that  part  of  the  apparatus  in  which  heat  is  accurately 
accounted  for)  consists  of  two  parts,  the  sample 
container  C  and  its  silver  shield  system  made  up  of 
thin  silver  shields  Si  attached  to  a  silver  ring  Ri.  In 
the  center  of  the  sample  container  is  a  platinum 
resistance  thermometer.  The  calorimeter  is  surrounded 

1  T.  M.  Dauphinee  and  S.  B.  Woods,  Rev.  Sci.  Instr.  26,  693 
(1955). 

2  Worthington,  Marx,  and  Dole,  Rev.  Sci.  Instr.  26,  698  (1955). 

3  Dole,  Hettinger,  Larson,  Wethington,  and  Worthington, 
Rev.  Sci.  Instr.  22,  818  (1951). 

4  M.  G.  Zabetakis,  Dissertation  Abstr.  16,  1077  (1956). 

6  E.  D.  West,  and  D.  C.  Ginnings,  J.  Research  Natl.  Bur. 
Standards  (to  be  published). 
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by  the  adiabatic  jacket  which  consists  of  a  heavy  silver 
ring  i?2  to  which  are  attached  the  thin  silver  shields  ^ 2. 
The  temperature  difference  between  the  jacket  and 
the  calorimeter  is  indicated  by  the  20-junction 
thermopile  7V  The  jacket  is  enclosed  by  the  “guard” 
G  which  is  thermally  insulated  with  two  inches  of 
glass  fiber.  The  temperature  difference  between  the 
guard  and  the  jacket  is  indicated  by  the  thermocouple 

TV 

In  designing  this  apparatus,  much  attention  has 
been  given  to  reducing  heat  capacities  and  obtaining 
good  thermal  contact  in  order  to  avoid  excessive  thermal 
lags.  For  example,  it  is  necessary  that  temperature 
gradients  in  the  container  and  on  the  guard  have  a 
negligible  effect  on  the  two  important  surfaces — the 
outer  surface  of  the  calorimeter  and  the  inner  surface 
of  the  jacket.  Such  gradients  might  be  attenuated  by 
a  thick  metal  shield  around  the  container  and  another 
for  the  jacket,  but,  to  avoid  the  large  heat  capacity  of 
such  an  arrangement,  the  more  complex  construction 
utilizing  several  thin  shields  has  been  used.  To  reduce 
lags  in  the  calorimeter,  the  heater  is  placed  partly 
in  the  container  (77 lA)  and  partly  in  the  ring  Ri  (77ib). 
Both  the  calorimeter  heater  and  jacket  heater  (772) 
consist  of  a  number  of  Nichrome  V  helices  in  porcelain 
tubing  (yq  in.  o.d.)  to  combine  a  small  heat  capacity 
with  a  relatively  large  area  of  thermal  contact.  To 
obtain  good  thermal  contact  and  low  lags  the  junctions 
of  the  thermopile  7\  are  made  on  gold  tabs  sandwiched 
between  mica  washers  for  electrical  insulation  and 
screwed  down  against  the  silver  rings.6 

III.  THE  JACKET  CONTROL  SYSTEM 

In  order  to  control  the  temperature  of  the  jacket  as 
closely  as  possible  to  the  temperature  of  the  calorimeter 
at  all  times,  several  different  modes  of  temperature 
control  are.  used.  First,  proportional  control  is  used 
to  change  the  power  supplied  to  the  jacket  by  an 
amount  which  is  proportional  to  its  temperature 
difference  from  the  calorimeter.  Second,  automatic 
reset  control  is  used  to  reduce  gradually  the  average 
of  this  temperature  difference  to  zero.  Third,  rate 
control  is  used  to  keep  the  time  response  of  the  controller 
as  short  as  possible  without  causing  sustained  tempera¬ 
ture  oscillations  known  as  hunting.  The  controller 
equation  using  these  three  modes  of  control  may  be 
written  as  follows7 : 

Q=Q0-PO-Rpjddt-DPdO/dt,  (1) 

where  Q  is  the  power  supplied  to  the  jacket  heater, 
Qo  is  the  steady  or  uncontrolled  part  of  this  power,8 

6  Osborne,  Stimson,  and  Fiock,  Trans.  Am.  Soc.  Mech.  Eng. 
52,  198  (1930). 

7  E.  T.  Davis,  Instruments  24,  642  (1951). 

8  In  the  present  apparatus,  the  current  in  the  jacket  heater  is 

the  controlled  variable,  so  that  Eq.  (1)  is  rigorous  only  if  the 

currents  i  and  i0  are  substituted  for  Q  and  Qo.  Therefore,  in 


6  is  the  temperature  difference  between  the  jacket  and 
the  calorimeter,  and  P,  R,  and  D  are  control  factors 
corresponding  to  the  above  three  modes  of  control. 
These  factors  are  set  by  the  operator  in  the  external 
control  system  in  order  to  provide  best  temperature 
control  consistent  with  short  time  response.  The  factor 
P  is  the  proportional  control  setting  which  determines 
the  amount  of  change  in  the  power  per  degree  of 
deviation  from  the  control  temperature  (that  of  the 
calorimeter) .  If  the  average  of  the  power  Q  differs  from 
Qo,  there  will  be  an  average  temperature  difference 
which  is  not  zero.  The  heat-capacity  measurements 
would  have  to  be  corrected  for  the  corresponding 
energy  exchange.  However,  automatic  reset,  represented 
in  Eq.  (1)  by  the  term  RPj'Odt,  acts  over  a  period 
of  time  to  reduce  this  average  temperature  difference 
to  zero.  The  term  DPdd/dt  in  Eq.  (1)  results  from  rate 
control  which  alters  the  power  to  the  jacket  by  an 
amount  proportional  to  the  rate  of  change  of  the 
temperature  difference  6.  The  three  factors  P,  R,  and  D 
are  all  mutually  dependent  for  optimum  performance. 

If  the  lags  in  the  controller  and  thermopile  are 
negligible  compared  to  the  thermal  lags  in  the  jacket 
and  its  heaters,  one  can,  for  illustrative  purposes, 
derive  an  equation  for  the  temperature  control  of  the 
jacket  by  straightforward  methods.9’10  In  the  apparatus 
used,  the  jacket-heater  lags  are  about  ten  times  as 
large  as  the  controller-thermopile  lags.  Defining  the 
additional  symbols, 

T= control  temperature  (calorimeter  temperature), 

Tj  =  temperature  of  the  adiabatic  jacket  ( d=T  —  T ), 
Cj—  heat  capacity  of  the  jacket, 

C\=heat  capacity  of  the  jacket  heaters, 
hj  —  heat  transfer  coefficient  between  heaters  and 
jacket, 

^s=heat  transfer  coefficient  between  jacket  and 
surroundings, 

Th  =  temperature  of  heaters,  and 
Ts  —  temperature  of  surroundings, 

the  following  equations,  based  on  the  first  law  of 
thermodynamics,  can  be  written 

h,(Tj-  T.)  =  hj(Th—  T  j)—CjdT  j/dt,  (2) 

hj(Th~  TV  =  Q—ChdTh/dt.  (3) 

Combining  Eqs.  (1)— (3),  imposing  the  experimental 
conditions  that  Ts—T  is  virtually  constant  and  that 
T  is  either  constant  or  increasing  at  a  constant  rate, 

combining  Eq.  (1)  with  Eqs.  (2)  and  (3),  it  has  been  tacitly 
assumed  that  dQ/dt  is  directly  proportional  to  di/dt,  which  is 
an  approximation  of  the  true  relationship  dQ/dt=  (io~\-i)di/dt. 

9  C.  E.  Mason,  Trans.  Am.  Soc.  Mech.  Engrs.  60,  327  (1938). 

10  C.  E.  Mason,  and  G.  A.'  Philbrick,  Trans.  Am.  Soc.  Mech. 
Engrs.  62,  295  (1940). 


237/1071 


E.  D.  WEST  AND  D.  C.  GINNINGS 


2500  n. 
JACKET 
HEATER 


+  300v  DC 
MAXIMUM 


TO  ON-OFF 
RELAY 


Fig.  2.  Arrangement  of  the  jacket  heater  control  circuits. 


one  obtains 

d30  Ch(hj+hs)+hj(Cj+PD )  d2e 


dt3 


ChCj 


dt 2 

hj  dO  RPhj 

+  {hs+P) - +— fl  =  0.  (4) 

ChCi  dt  ChC-i 


Equation  4  may  be  written 

6"'+A  20"+A  tf'+A  o0=O. 


(5) 


Defining  the  ratio  of  coefficients  in  Eq.  (5)  p— A\A%[ A0, 
the  criteria  for  the  performance  of  the  controller  are11 ; 
p<  1,  hunting  with  increasing  amplitude  of  oscillations : 
3>p>l,  damped  oscillations,  acceptable  in  most 
control  problems ;  p>  3,  overdamped  with  slow  response. 
From  Eq.  (4) 

~hsA-hj  hj  PDhj~\hs-\-P 

(6) 


P  = 


Cj  Ch  ChCj\  PR 


In  designing  equipment,  this  equation  is  useful  in 
predicting  qualitatively  the  performance  of  the  temper¬ 
ature  controller  with  an  apparatus  whose  thermal 
constants  are  known.  It  can  be  seen  from  this  equation 
that  the  effects  of  the  proportional  factor  P  and  the 
rate  factor  D  depend  on  the  thermal  constants  of  the 
apparatus.  An  indiscriminate  increase  of  the  reset 
factor  R  will  result  in  increased  hunting  and  loss  of 
control.  In  the  present  apparatus,  at  the  beginning  and 
end  of  the  heating  period,  the  jacket  power  requirements 
may  change  by  fifteen-fold.  With  this  condition,  the 
maximum  reset  action  (maximum  value  of  R)  which 
could  be  used  without  causing  hunting  did  not  reduce 
the  temperature  difference  to  zero  in  a  reasonable  time. 
Consequently,  the  auxiliary  circuit  B,  Fig.  2,  described 
in  the  following,  was  incorporated  to  reduce  the  amount 
of  reset  action  needed  and  improve  response.  Increasing 
the  rate  action  D  to  damp  oscillations  should  permit 
some  increase  in  the  reset  action,  but  experience 
indicated  that,  in  the  first  version  of  the  control 
system,  an  electric  positioning  motor  in  the  output 
provided  more  than  sufficient  damping.  When  the 

11  E.  S.  Smith,  Automatic  Control  Engineering  (McGraw-Hill 
Book  Company,  Inc.,  New  York,  1940),  p.  239-240. 


control  motor  was  replaced  with  an  all-electronic 
device,  which  has  negligible  lag,  some  damping  was 
added  by  means  of  the  rate  control  D.  The  effect  of  the 
proportional  factor  P  depends  on  its  value  relative  to 
the  heat  transfer  coefficient  hs.  P  is  about  equal  to  h3 
in  these  experiments  so  that  increasing  P  may  make  p 
less  than  1  and  cause  increasing  hunting. 

The  effects  of  the  other  factors  in  Eq.  (6)  have  been 
taken  into  account  in  the  design  of  the  calorimeter 
(Sec.  II).  If  care  is  taken  to  keep  the  thermal  lags  in 
the  jacket  small,  damping  may  be  added  in  the  control 
system.  If  thermal  lags  are  too  large,  the  controller 
cannot  be  made  to  give  a  rapid  response. 

The  arrangement  of  the  jacket  control  circuits  is 
shown  in  Fig.  2.  The  controller  system  at  A  consists 
of  three  Leeds  &  Northrup  components:  a  9835-B 
breaker-type  dc  amplifier,  a  Type  G  Speedomax 
recorder  which  will  respond  to  a  full-scale  deflection 
in  one  second,  and  a  Series  60  CAT  control  unit. 
This  controller  system  takes  the  emf  (800  pv/deg  C) 
from  the  thermopile  (Th  Fig.  1),  amplifies  and  records 
it  and  adjusts  the  bias  on  the  6AS7G  electron  tube 
according  to  the  controller  equation.  In  the  first 
version  of  the  controller  system,  the  grid  bias  imposed 
by  circuit  A  was  obtained  from  a  ten-turn  servo-type 
potentiometer  positioned  by  a  constant-speed  motor 
operated  by  the  controller.  In  the  present  version  the 
controller  adjusts  the  current  through  a  fixed  resistor 
at  A.  The  tube  supplies  up  to  50  ma  to  the  2500-ohm 
jacket  heater.  The  advantages  of  using  a  tube  are 
that  the  time  lag  in  its  operation  is  negligible  and  that 
the  small  power  required  in  the  grid  circuit  makes 
feasible  the  addition  of  the  two  simple  auxiliary  control 
circuits  ( B  and  C,  Fig.  2). 

The  controller  factors  are  selected  so  that  a  signal 
change  from  —5  to  +5  pv  (—0.006  to  +0.006°C) 
changes  the  jacket  power  from  2.5  to  3.5  w  during 
the  heating  period.  The  automatic  reset  action  is 
adjusted  to  change  the  power  in  response  to  a  given 
error  signal  at  a  rate  which  would  duplicate  in  6  sec 
the  power  added  instantaneously  by  proportional  action 
(i?=10  min"1).  The  rate  factor  D  is  set  at  0.09  min; 
this  means  that  the  power  added  by  rate  action  for  a 
temperature  change  of  1°  min-1  is  equivalent  to  the 
power  added  by  proportional  action  for  a  0.09°  error. 
In  the  first  controller  which  had  a  lag  due  to  the  motor, 
R  was  set  at  2  min"1  and  D  at  zero. 

The  two  auxiliary  control  circuits,  B  and  C  (Fig.  2), 
are  used  to  improve  control  at  the  beginning  and  end 
of  the  heating  period  and  operate  simultaneously  with 
the  calorimeter  heater  switch.  Circuit  B  automatically 
changes  the  bias  on  the  grid  of  the  tube  by  the  voltage 
set  on  the  potentiometer  Pb ■  This  potentiometer  is 
adjusted  so  that  the  increase  in  power  level  to  the 
jacket  heater  is  approximately  that  needed  to  raise 
the  jacket  temperature  at  the  desired  rate.  When  the 
calorimeter  power  is  turned  off,  the  effect  is  reversed. 
By  anticipating  the  need  for  large  amounts  of  reset 
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action,  this  circuit  permits  close  control  with  reasonable 
values  of  the  reset  constant. 

Circuit  (C)  is  used  to  anticipate  a  temperature  surge 
at  the  beginning  and  end  of  the  calorimeter  heating 
period.  This  surge  is  due  to  the  difference  in  thermal 
lags  between  the  calorimeter  and  jacket  systems. 
This  circuit  produces  a  voltage  pulse  on  the  grid  of 
the  tube.  The  delivery  of  this  pulse  may  be  delayed  up 
to  10  seconds  after  the  calorimeter  power  switch  is 
thrown  by  a  variable  unbalancing  resistor  and  capacitor 
in  one  side  of  the  Eccles- Jordan  trigger  circuit.  When 
this  delay  circuit  triggers,  it  closes  a  relay  in  the 
pulse  circuit  allowing  a  direct  current  to  charge  a 
capacitor  through  potentiometer  Pc  in  the  grid  circuit 
of  the  tube.  By  varying  the  voltage  and  capacitance, 
one  controls  the  magnitude  and  duration  of  this  pulse. 
Figure  3  illustrates  the  improvement  in  control  due  to 
the  pulse  circuit.  Using  optimum  settings  of  all  controls 
the  lower  trace  was  made  without  the  pulse  circuit; 
the  upper  traces  were  taken  from  the  beginning  and 
end  of  an  actual  30-min  experiment  using  the  pulse 
circuit. 

In  Fig.  3,  the  record  of  the  experiment  with  all 
controls  shows  that  the  maximum  deviations  in  the 
recorded  thermopile  emf  correspond  to  a  few  thou¬ 
sandths  of  a  degree.  However,  these  two  deviations  at 
the  beginning  and  end  of  a  heating  period  are  reduced  to 
less  than  0.001  °C  within  one  minute  after  the  power 
is  turned  on  or  off,  so  that  the  average  temperature 
difference  over  an  experiment  of  thirty  minutes  is 
still  less  than  0.001  °C. 

IV.  INTEGRATOR 

Near  room  temperature  with  an  average  temperature 
difference  of  about  0.001  °C  between  the  calorimeter  and 
its  jacket,  the  heat  leak  from  the  calorimeter  is  only 
about  0.01%  of  the  total  energy  added  in  an  average 
ten-degree  experiment.  At  temperatures  near  500°C, 
increased  heat  transfer  by  radiation  makes  this  0.001  °C 
difference  more  significant.  It  is  therefore  desirable  to 
integrate  this  temperature  difference  with  respect  to 
time.  This  integral,  when  used  with  the  experimental 
heat  transfer  coefficient,  determines  a  correction  to 


Fig.  4.  Arrangement  of  control  and  observation  apparatus. 


the  total  energy  supplied  to  the  calorimeter.  While  it 
is  possible  to  perform  a  mechanical  integration  using 
the  paper  record,  as  shown  in  Fig.  3,  it  is  tedious  and 
time-consuming.  It  is  preferable  to  have  an  integrator 
which  is  observed  only  at  the  end  of  each  experiment. 
For  these  experiments,  a  simple  electronic  analog 
integrator  was  developed  to  give  the  integral  with  an 
accuracy  of  about  10%,  which  is  adequate  for  making 
the  small  correction.  More  accurate  integrators  can  be 
assembled  from  commercially  available  sub-assemblies.12 

The  input  signal  to  the  integrator  is  taken  from  a 
50  000-ohm  ten-turn  potentiometer  geared  to  the  drive 
mechanism  of  the  recorder  so  that  it  delivers  a  voltage 
across  the  input  resistor  proportional  to  the  deviation 
of  the  recorder  from  its  zero.  The  zero  signal  to  the 
integrator  is  adjusted  by  means  of  a  ten-turn  resistor. 
Power  for  the  input  circuit  is  obtained  from  a  45-v 
dry  battery. 

The  over-all  reliability  of  the  integrator  is  about  0.001 
deg-min  over  a  forty-minute  experiment.  This  corre¬ 
sponds  to  an  uncertainty  of  about  0.001%  in  the  heat 
capacity  of  the  calorimeter. 

V.  GUARD  CONTROL  SYSTEM 

The  “guard”  G  which  surrounds  the  jacket  as  shown 
in  Fig.  1  supplies  most  of  the  heat  which  is  lost  to  the 
outside,  thereby  reducing  the  power  and  the  tempera¬ 
ture  gradients  on  the  jacket.  The  four  silver  shields  on 
the  jacket  are  designed  to  eliminate  errors  resulting 
from  a  one-degree  temperature  difference  on  the 
surrounding  guard.  It  is  necessary  therefore,  to  keep 
temperature  differences  in  the  guard  to  less  than  one 
degree.  To  accomplish  this,  the  guard  was  made  of 

n  G.  A.  Korn,  and  T.  M.  Korn,  Electronic  Analog  Computers, 
(McGraw-Hill  Book  Company,  Inc.,  New  York,  1952). 


Fig.  3.  Chart  record  showing  effect  of  circuit  C 
on  temperature  control. 
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aluminum  0.75  in.  thick  with  separate  heaters  for  the 
top,  bottom,  and  cylindrical  section,  each  with  a 
separate  control.  The  temperature  of  the  cylindrical 
part  was  automatically  controlled  a  few  tenths  of  a 
degree  below  that  of  the  jacket,  using  a  thermocouple 
(T2,  Fig.  1)  to  indicate  the  temperature  difference. 
The  guard  bottom  and  guard  top  were  controlled  to 
ihe  same  temperature  as  the  main  guard,  also  using 
differential  thermocouples.  To  avoid  ac  pickup,  dc 
power  was  supplied  to  the  three  guard  heaters.  This 
power  was  controlled  by  three  simple  proportional 
controllers. 

With  these  controls,  it  was  possible  to  control  the 
guard  temperatures  to  a  tolerance  of  about  0.1  °C 
corresponding  to  a  few  microvolts  on  the  thermocouple, 
which  was  adequate  for  the  guard  control. 


VI.  GENERAL  ARRANGEMENT  OF 
CONTROL  APPARATUS 

A  photograph  of  the  observing  and  control  station 
is  shown  in  Fig.  4.  Standard  rack  construction  is  used 
as  much  as  possible  to  facilitate  assembly,  substitution, 
and  rearrangement  of  the  various  components.  The 
operator  is  shown  in  the  position  used  most  of  the  time 
during  the  experiments. 

With  the  automatic  jacket  control,  one  observer  can 
easily  operate  the  calorimeter.  The  automatic  controller 
maintains  more  precise  and  convenient  control  of  the 
temperature  difference  than  manual  control  which  was 
used  in  some  early  experiments.  The  effectiveness  of 
the  controlling  apparatus  has  contributed  to  the 
high  over-all  accuracy  of  the  calorimeter. 
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Physical  Properties  of  High- Temperature  Materials 


Part  I.  New  Apparatus  for  the  Precise  Measurement  of  Heat  Content 
and  Heat  Capacity  from  0°  to  1,500°C 

Thomas  B.  Douglas  and  William  H.  Payne 


There  is  described  in  detail  new  apparatus  for  the  accurate 
measurement  of  the  heat  content  and  heat  capacity  of  solids  and  liquids 
over  the  temperature  range  0°  to  approximately  1500°C  (32°  to  2750°F). 
For  use  of  the  "drop"  method,  a  new  Bunsen  ice  calorimeter  and 
resistance-heated  furnace  were  designed,  and  have  been  partly 
constructed.  The  ice  calorimeter  is  similar  to  that  developed  earlier 
at  the  National  Bureau  of  Standards,  but  embodies  several  minor 
modifications.  To  achieve  regions  of  known  and  uniform  temperature, 
the  furnace  was  designed  to  have  three  concentric  cores  wound  with  17 
independently  controlled  wire-heater  sections.  Temperatures  will  be 
measured  by  several  platinum- rhodium  thermocouples,  which  are 
arranged  to  permit  their  periodic  recalibration  in  place.  After  the 
performance  of  the  apparatus  has  been  tested,  the  first  measurements 
undertaken  are  to  be  on  standard-  sample  synthetic  sapphire  (aluminum 
oxide).  These  data  will  augment  the  Bureau's  earlier  measurements 
on  this  material  from  0°  to  900  °C  (32°  to  1650  °F),  and  permit  its  use 
as  a  heat- capacity  standard  up  to  approximately  1500  °C  (2750  °F). 


*  Originally  published  as  WADC  Technical  Report  57-374,  Part  I; 
ASTIA  Document  No.  AD142119  (Wright  Air  Development  Center, 
Wright- Patter  son  AFB,  Ohio,  June  1957). 
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I.  GENERAL  CONSIDERATIONS 


The  importance  to  science  and  engineering  of  haveing  reliable 
heat  capacities  at  high  temperatures  may  be  illustrated  by  two  major 
applications.  First  may  be  mentioned  the  importance  as  a  direct 
factor  in  heat  transfer  and  the  development  of  thermal  stresses  such 
as  are  likely  to  be  encountered  in  high-speed  flight.  Secondly,  physical 
and  chemical  changes  in  materials  usually  proceed  so  rapidly  at  high 
temperatures  that  from  a  practical  standpoint  these  are  largely 
governed  by  equilibrium  relations  (unless  the  rate  of  temperature  rise 
is  very  great);  in  these  cases  the  necessary  heat  capacities  are  the 
only  data  needed  to  extend  the  thermodynamic  properties  of  the 
materials  from  room  temperature,  where  they  are  often  well  known, 
to  the  high  temperatures  where  they  are  needed. 

The  initial  goal  of  the  work  described  in  this  report  was  the  de¬ 
velopment  and  use  of  new  apparatus  to  extend  accurate  values  on  a  high- 
temperature  heat- capacity  standard  up  to  a  temperature  of  about  1500  °C. 
As  in  the  Bureau's  earlier  work  from  0°  to  900  °C,  the  "drop"  method 
was  adopted  because  of  its  simplicity  of  procedure  and  because  the 
rapidity  of  dropping  a  sample  from  a  furnace  into  a  calorimeter 
minimizes  the  otherwise  serious  losses  of  heat  by  radiation.  In  fact, 
the  latter  advantage  usually  more  than  compensates  for  the  large 
magnitudes  of  heat  involved  in  always  returning  the  sample  to  a  low 
temperature. 

Though  stirred- liquid  and  metal- block  calorimeters  have  often 
been  used  elsewhere  in  the  "drop"  method,  and  with  proper  precautions 
are  capable  of  high  accuracy,  a  Bunsen  ice  calorimeter  was  adoped  in 
the  present  design.  This  type  of  calorimeter  had  been  developed  at  the 
National  Bureau  of  Standards  into  a  precise  instrument  for  the  measure¬ 
ment  of  quantities  of  heat  that  are  not  too  small  [1]  ^ ,  and  has  been 
operated  successfully  for  many  years.  The  ice  calorimeter  must  be 
capable  of  measuring  extremely  small  percentage  changes  in  volume 
accurately,  but  this  requirement  is  not  difficult  to  attain,  principally  by 
constructing  the  system  from  rigid  parts  and  ensuring  that  it  is  free  of 
gases  and  fluid  leaks.  Unlike  calorimeters  whose  temperatures  change, 
the  ice  calorimeter  requires  no  temperature  measurements,  and  only 
an  occasional  reading  to  determine  the  small  heat  leak. 

In  an  attempt  to  explain  why  so  many  published  heat  capacities 
at  high  temperatures  determined  by  the  "drop"  method  show  serious 


^Numbers  in  brackets  refer  to  literature  references  at  the  end  of  this 
report. 
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disagreement,  the  authors  have  reached  the  conviction  that  inaccurate 
determination  of  the  average  temperature  of  the  sample  in  the  furnace 
is  the  most  common  single  source  of  error.  After  all,  to  enable  this 
determination  to  be  made  accurately  is  the  principal  role  of  the  furnace, 
aside  from  supplying  to  the  sample  the  heat  necessary  for  it  to  reach 
the  elevated  temperature.  For  this  reason,  in  designing  a  suitable 
furnace  for  the  present  purpose,  special  attention  was  paid  to  verifying 
by  calculation  that  the  region  of  the  furnace  where  the  sample  is  to  be 
held  would  be  close  to  isothermal.  In  the  first  place,  the  use  of  a  thick 
layer  of  solid  silver  around  the  core  to  minimize  temperature  gradients, 
earlier  suggested  for  lower- temperature  furnaces  by  Ginnings  and 
Corruccini  and  used  in  a  900  °C  furnace  subsequently  described  [2,  3]  , 
is  impossible  in  a  furnace  such  as  that  described  here,  designed  to 
operate  above  the  melting  point  of  silver.  In  the  second  place,  the  total 
radiation  from  a  hot  body  to  room  temperature  is  about  five  times  as 
great  at  1500°  as  at  900°C.  These  facts  necessitated  some  radical  de¬ 
partures  from  the  earlier  furnace.  It  may  be  added  that  the  furnace 
need  not  be  the  greatest  limitation  on  the  precision  of  the  heat  measure¬ 
ments.  In  a  recent  paper  [3]  it  was  pointed  out  that  variations  in 
duplicate  measurements  using  the  Bureau's  older  "drop- method" 
apparatus  were  approximately  independent  of  temperature,  a  fact 
suggesting  that  the  small  variations  in  duplicate  values  must  be 
attributed  mostly  to  the  calorimeter. 

The  next  major  problem  in  striving  for  accuracy  is  to  measure 
the  temperatures  of  the  furnace  and  the  sample  by  some  reliable  means. 
The  International  Temperature  Scale  [4]  specifies  what  are  generally 
believed  to  be  the  best  practical  means  of  reproducing  the  same 
temperature  readings  in  different  laboratories  and  at  the  same  time 
following  the  true,  or  Thermodynamic  Temperature  Scale  almost  as 
closely  as  present  information  permits.  According  to  this  scale  the 
gold- point  (freezing  point  of  pure  gold)  is  taken  to  be  1063.  0°C,  and  in 
addition  all  higher  temperatures  are  based  ultimately  on  the  readings 
of  the  optical  pyrometer  and  the  use  of  Planck's  radiation  law. 

In  the  case  of  the  present  apparatus  the  authors  decided  to  measure 
temperatures  entirely  with  platinum- rhodium  thermocouples,  even  up 
to  1500°C.  Good- quality  thermocouples  of  this  type  are  said  not  to 
change  their  calibrations  at  a  rapid  rate  even  at  1500  °C.  While  their 
accuracy  in  terms  of  conformity  to  the  International  Temperature  Scale 
depends  on  the  thoroughness  and  frequency  of  calibration,  as  well  as 
on  various  other  factors,  Roeser  and  Wensel  £5]  have  stated  that  with 
favorable  calibration  the  uncertainty  in  interpolated  values  of  tempera¬ 
ture  should  be  as  small  as  0.3  degree  near  1100°C  and  2  degrees  near 
1500  °C.  The  fact  that  such  thermocouples  can  be  read  with  considerable 
precision  (to  better  than  0.  1  degree)  offers  two  possible  advantages  in 
the  present  type  of  work.  In  the  first  place,  a  thermocouple  exhibiting 
about  the  same  error  at  two  neighboring  high  temperatures  -  say,  100 
degrees  apart  -  should  lead  to  a  more  accurate  heat  capacity  over  the 
interval  than  if  the  two  temperatures  were  each  subject  to  independent 
uncertainties.  In  the  second  place,  there  is  the  possibility  of  basing 
the  thermocouple  calibration  partly  on  one  or  more  reproducible  fixed 
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point  above  the  gold  point,  such  as  the  palladium  point;  in  this  event 
later,  more  accurate  revisions  by  anyone  of  the  temperatures  corres¬ 
ponding  to  such  fixed  point  would  enable  a  corresponding  revision  of 
good  thermal  data  without  the  need  of  their  remeasurement.  Just  such 
revisions  have  occurred  numerous  times  as  the  techniques  of  tempera¬ 
ture  evaluation  have  advanced. 

II.  DESIGN  OF  THE  CALORIMETER 


Structure  Details 


A  diagram  of  the  ice  calorimeter  designed  for  the  present  purpose 
is  shown  in  Fig.  1,  with  the  calorimeter  itself  drawn  to  scale.  A  de¬ 
tailed  discussion  of  the  two  precision  ice  calorimeters  originally 
designed  and  built  in  this  laboratory  is  to  be  found  in  earlier  references 
[1,  2,  3]  ,  and  needs  no  repetition  here.  Certain  features  of  the  older 

calorimeters  were  examined  critically  to  see  whether  changes  were 
needed  or  desirable  because  of  the  higher  temperatures  of  samples  that 
will  enter  the  new  calorimeter.  In  addition,  as  is  normally  the  case  in 
similar  circumstances,  long  experience  with  the  older  calorimeters 
had  suggested  the  wisdom  of  certain  minor  modifications.  These  topics 
will  now  be  discussed. 

Because  of  the  expansion  of  water  when  it  freezes,  the  trans¬ 
parency  afforded  by  envelopes  of  glass  seems  an  advantage  too  great  to 
be  sacrificed.  Yet  the  glass- to- metal  seal  is  probably  the  most 
vulnerable  part  of  the  calorimeter.  A  number  of  persons  building  ice 
calorimeters  similar  to  the  earlier  ones  mentioned  have  used  seals  of 
different  types,  e.  g.  O-rings  or  Kovar  joints,  apparently  with  success. 
The  use  of  Kovar  joints  was  considered,  but  not  adopted  after  advice 
was  received  that  soldering  close  to  the  glass-metal  joint  appeared 
hazardous.  Except  for  occasional  breakage,  a  thin  film  of  hard 
Apiezon  W  wax  between  the  glass  and  metal  has  worked  well  in  the  older 
calorimeters,  and  was  adoped  for  the  new. 

The  metal  caps  (I,  J,  Fig.  1)  of  the  older  calorimeters  were  con¬ 
structed  of  brass,  which  has  a  linear  coefficient  of  expansion  of  about 
19  x  10“  6  per  deg.  C.  Because  the  coefficient  of  Pyrex  glass  is  only 
3  x  10“ 6,  the  wax  gap  had  to  be  sufficiently  thick  to  avoid  its  undue 
compression  as  the  calorimeter  cooled  by  as  much  as  100  deg.  C.  In 
the  new  calorimeter  the  metal  caps  were  constructed  of  a  low- expansion 
alloy  obtained  from  the  Driver- Harris  Co.  ,  of  Harrison,  N.  J.  ,  under 
the  trade  name  "Therlo"  (29.0%  Ni,  17.0%  Co,  0.3%  Mn,  balance  Fe). 
This  has  a  coefficient  of  expansion  of  about  5  x  10“°.  The  glass 
envelopes  were  cylindrically  ground  to  allow  for  a  wax  gap  of  about 
0.005"  radially,  which  is  considerably  smaller  than  in  the  older  ice 
calorimeters.  This  should  make  it  more  likely  that  when  the  calori¬ 
meter  is  allowed  to  warm  to  room  temperature,  the  additional  softness 
of  the  wax  will  not  allow  the  hydrostatic  pressure  inside  the  calorimeter 
(about  35  cm  Hg)  to  force  the  glass  and  metal  apart  within  a  reasonable 
time. 
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In  the  older  calorimeters  all  metal  surfaces  inside  the  calorimeter 
exposed  to  the  water,  which  must  remain  free  of  solutes,  were  covered 
with  tin  by  the  soldering  technique.  In  the  new  calorimeter  tin  was 
replaced  by  silver-plating  (after  first  making  a  "strike"  of  copper  or 
nickel  onto  the  Therlo  alloy).  The  electroplaters  estimated  that  the 
average  thickness  of  silver  is  0.005"  and  that  since  no  anode  of 
special  shape  was  used,  the  thickness  of  plate  would  probably  vary 
from  0.001"  to  0.010".  The  copper  "conduction"  fins  of  the  calorimeter 
had  been  assembled  by  soldering  with  pure  tin,  and  special  attention  was 
given  to  avoiding  crevices  which  might  be  bridged  across  by  the  silver 
plate  and  so  lead  to  pockets  of  variable  volume,  a  fatal  disadvantage  in 
a  good  ice  calorimeter.  In  addition,  earlier  experience  with  one  of  the 
older  calorimeters  had  sometimes  shown  a  lack  of  precision  in  heat 
measurement  that  was  interpreted  as  being  caused  by  a  variable  degree 
of  filling  small  crevices  by  the  calorimeter  fluids. 

The  mercury  "tempering  coil"  (H,  Fig.  1)  should  ideally  hold  as 
much  mercury  as  will  ever  enter  the  calorimeter  in  one  run,  lest  some 
of  the  mercury  entering  the  calorimeter  not  be  at  the  ice  temperature 
and  consequently  contribute  heat  of  its  own  to  the  measurements.  The 
coil  of  the  older  calorimeter  holds  only  about  80  gm  of  mercury;  the 
coil  of  the  new  calorimeter  retains  approximately  the  same  ID  (0.  113"), 
but  is  long  enough  to  contain  about  160  gms  of  mercury.  This  extra 
capacity  is  a  minor  disadvantage  when  the  necessary  amount  of  mercury 
is  first  introduced  into  the  calorimeter,  if  this  is  accomplished  by 
successively  freezing  part  of  the  water  and,  on  melting  the  ice,  allow¬ 
ing  mercury  to  enter  in  place  of  the  displaced  water.  Any  ultimate  gain 
in  mercury  arises  only  from  expansion  in  excess  of  the  coil  capacity, 
the  latter  being  similar  to  a  mechanical  "back  lash".  In  addition,  any 
mercury  entering  the  calorimeter  from  the  room  in  a  heat  measurement 
has  an  excellent  opportunity  to  be  cooled  thoroughly  if  ice  (in  the  bath) 
has  been  packed  carefully  around  the  coil.  In  a  few  measurements 
using  the  older  calorimeter,  as  much  as  100  gm  of  mercury  entered 
in  a  single  run,  yet  the  heats  measured  showed  no  evidence  of  being 
appreciably  too  great. 

The  whole  transit  tube  for  mercury  must,  of  course,  be  con¬ 
structed  of  some  inelastic  material  which  is  highly  insoluble  in  mercury. 
Inconel  tubing  was  used.  It  was  considered  desirable  that  the  tubing 
conducting  mercury  from  the  coil  to  the  bottom  of  the  calorimeter  be  of 
smaller  bore  than  that  of  the  coil.  In  addition,  a  simple  calculation 
shows  that  the  mercury  outside  the  ice  bath  must  have  a  quite  small 
volume  so  that  a  small  change  in  room  temperature  will  not  change  the 
volume  of  the  mercury  enough  to  introduce  appreciable  error  in  the 
heat  measurements.  This  dictates  a  small  bore  outside  the  calorimeter. 
Yet  one  wants  to  avoid  so  small  a  bore  that  the  viscous  flow  of  mercury 
during  a  run  is  highly  restricted.  Such  a  result  would  greatly  lower  the 
pressure  inside  the  calorimeter  and  so  might  lead  to  troublesome 
volume  hysteresis. 
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In  the  older  ice  calorimeter  the  three  bores  of  mercury  transit 
tubing  were  achieved  by  joining  three  pieces  of  tubing  by  wax  seals, 
which  occasionally  broke  under  mechanical  stress.  (No  solder  can  be 
used  because  of  its  high  solubility  in  mercury. )  In  the  new  calorimeter 
such  wax  seals  were  avoided  by  constructing  the  transit  tube  of  one 
piece,  drawing  down  the  ends  of  the  1/8"  tubing  to  ID's  of  0.  04"  outside 
the  calorimeter  and  0.065"  inside.  These  are  comparable  to  the 
corresponding  bores  in  the  older  calorimeter. 

The  "mercury"  valve  (X  in  Fig.  1)  must  also  be  entirely  insoluble 
in  mercury.  The  valves  used  in  the  older  calorimeter  were  of  steel, 
with  a  rotating  needle  effecting  closure  on  a  seat  of  softer  steel.  This 
has  been  troublesome  at  times.  Closure  is  apt  to  be  imperfect,  and  the 
volume  inside  the  valve  accessible  to  mercury  is  unnecessarily  large 
and,  one  may  suspect,  slightly  variable. 

Several  years  ago  a  new  valve  was  designed  by  H.  F.  Stimson,  of 
the  National  Bureau  of  Standards,  to  avoid  these  objections.  This  valve 
is  drawn  to  scale  in  Fig.  2,  and  was  adopted  for  the  new  calorimeter. 

The  seat  is  of  platinum,  which  seals  against  a  small  crater  rim.  The 
stem  is  not  only  rotationless,  but  effects  seating  with  the  reproducible 
force  of  a  spring.  It  was  advised  that  Teflon  flows  too  readily  under 
pressure  to  be  useful  as  a  long-time  packing,  but  that  Kel-F  containing 
a  small  proportion  of  Teflon  would  be  more  suitable.  A  stronger  spring 
(made  from  piano  wire  of  diameter  0.049")  had  to  be  substituted,  and  the 
stem  was  then  squeezed  lightly  in  a  vise,  to  achieve  approximate  vacuum 
tightness  in  later  closings.  A  sharper  cone  or  a  softer  seat  material 
would  probably  have  helped  in  obtaining  good  close  with  less  force. 

The  Drop  of  the  Sample 


The  gate  to  the  well  of  the  new  calorimeter  (not  shown  in  any 
drawing  in  this  report)  followed  almost  precisely  the  design  of  Ginnings 
and  Corruccini  [1]  .  During  the  time  the  calorimeter  is  measuring 

heat,  the  gate  is  open  for  only  a  very  short  time  (about  2  sec.  )  to  allow 
the  falling  sample  to  pass,  and  calculation  shows  that  even  with  the 
calorimeter  at  1500°C  the  solid  angle  from  furnace  to  calorimeter  is  so 
small  that  only  a  few  hundreths  of  a  calorie  is  radiated  into  the  calori¬ 
meter.  This  error  approximately  cancels  anyhow,  because  it  occurs 
in  the  empty- container  measurements  too.  The  closed  gate  receives 
radiation  at  a  somewhat  greater  rate  (up  to  about  0„  1  calorie  per  sec), 
but  with  a  good  ice  bath  the  temperature  of  the  gate  remains  so  near 
the  ice  point  that  the  heat  delivered  to  the  calorimeter  from  this 
source  is  but  a  small  fraction  of  the  total  heat  leak. 

For  a  suitable  container  material  for  samples  heated  to  1500°C, 
it  seems  that  most  investigators  have  used  platinum  or  a  platinum- 
rhodium  alloy,  and  one  of  these  two  materials  appears  to  be  the  best 
general  choice  in  the  present  case.  Pt-Rh  would  remain  much  stronger 
than  Pt  mechanically,  and  thus  seems  to  be  much  the  better  of  the  two. 
If  oxygen  were  present,  somewhere  below  1000 °C  the  rhodium  would 
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form  a  dark  coating  of  oxide  which  would  decompose  at  highter 
temperatures  and  so,  through  large  variations  in  the  total  emissivity, 
would  lead  to  serious  variations  in  the  considerable  heat  lost  during 
the  drop  into  the  calorimeter.  But  the  flow  of  pure  helium  through  the 
furnace  core  will  greatly  reduce  any  such  oxidation.  At  the  high 
temperatures  these  noble  metals  alloy  appreciably  with  samples  of 
most  metals  and  metalloids,  but  inert  refractory  liners  or  spaces  can 
be  interposed,  or  in  some  cases  one  may  use  containers  of  other  metals 
such  as  tantalum. 

The  heat  lost  as  the  sample  drops  with  nearly  free  fall  through  the 
space  between  the  furnace  and  the  calorimeter  may  be  estimated.  Let 
us  assume  that  there  is  27  cm^  of  container  surface  at  1500°C.  Assume 
furthermore  that  its  total  hemispherical  emissivity  is  0.  2.  Then,  if  the 
container  is  in  the  room- temperature  region  in  the  interval  from  26  to 
69  cm  below  the  position  from  which  it  started  falling,  about  11  calories 
would  be  radiated  during  the  0.  15  sec  of  time  involved.  Loss  by  con¬ 
vection,  which  is  more  difficult  to  estimate,  might  raise  the  total  to 
something  like  40  calories,  much  too  large  a  heat  to  neglect  in  accurate 
work.  However,  using  a  container  surface  of  constant  emissivity  and 
a  fall  of  fixed  time,  the  variation  of  this  heat  loss  from  one  measurement 
to  another  may  be  kept  small;  e.  g.  ,  a  3- percent  variation  would  affect 
the  reproducibility  by  only  3  percent  of  40  calories,  or  about  1  calorie. 
Moreover,  the  procedure  of  always  measuring  the  empty  container  in 
the  same  way  as  one  measures  the  container  plus  sample  leads  to 
almost  the  same  heat  loss  (largely  a  surface  effect  in  the  small  time), 
and  so  causes  a  cancellation  of  most  of  this  heat  loss  when  the 
difference  is  taken  in  order  to  arrive  at  the  heat  due  to  sample  alone. 

As  in  many  calorimetric  procedures,  it  is  the  variation  that  leads  to 
error.  And  since  the  percentage  variation  tends  to  be  constant,  the 
larger  the  total  effect  the  larger  the  resulting  error  is  likely  to  be. 

The  older  "drop"  apparatus  in  this  laboratory  has  the  same  sources  of 
error,  but  at  900  °C  the  convective  loss  is  perhaps  only  half  as  great 
and  the  radiation  to  room  temperature  is  only  one- fifth  as  great  as  at 
1500 °C,  other  factors  being  equal. 

Some  investigators  have  simply  dropped  the  sample  into  the 
calorimeter.  The  procedure  in  this  laboratory  has  always  kept  the 
sample  connected  to  a  suspension  wire.  This  avoids  mechanical  impact 
of  the  sample  against  the  bottom  of  the  calorimeter  well,  and  at  the 
same  time  provides  a  very  convenient  way  of  returning  the  sample  to 
the  furnace  for  later  "drop"  measurements.  If  the  suspension  wire  is 
of  some  fairly  hard  refractory  metal  such  as  molybdenum  or  tungsten, 
it  would  undoubtedly  be  strong  enough  at  1500°C  but  would  probably  act 
as  a  "getter"  for  traces  of  oxygen  in  the  furnace  atmosphere.  Platinum 
metals  offer  less  strength,  but  freedom  from  accummulative  oxidation. 

The  present  plan  is  to  use  Pt  -20%  Rh  suspension  wire,  and  to 
minimize  the  strain  due  to  stopping  the  fall  before  the  sample  reaches 
the  bottom  of  the  calorimeter.  The  ideal  way  to  minimize  this  strain 
would  apparently  be  to  impose  a  constant  breaking  force  on  the  last  12 
cm  of  fall,  when  the  sample  is  inside  the  calorimeter.  Since  the  sample 
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has  by  then  already  fallen  about  69  cm,  the  uniform  deceleration  must 
be  5.75  g  (g  being  the  gravitational  acceleration),  which  would  produce 
a  force  of  2000  psi  on  a  No.  26  suspension  wire,  assuming  the  mass  of 
sample  plus  container  to  be  30  gm. 

The  tensile  strength  of  Pt  -20%  Rh  at  1500°C  was  not  found,  but 
from  extrapolation  of  Pt  -10%  Rh  to  this  temperature  [6]  a  rough 
estimate  of  6000  psi  was  arrived  at.  The  tensile  strengths  of  annealed 
Pt  -10%  Rh  and  Pt  -20%  Rh  at  room  temperature  have  been  reported 
[7]  as  45,000  and  70,000  psi,  respectively.  The  solidus  tempera¬ 
tures  of  both  alloys  have  been  reported  [8]  to  be  in  the  neighborhood 
of  1850  °C.  A  pertinent  fact  may  be  that  in  the  case  of  gold  the  yield 
strength  is  about  half  the  tensile  strength  at  room  temperature  [6]  . 

No.  26  Pt  -20%  Rh  may  thus  be  strong  enough  at  1500°C  if  approximately 
constant  deceleration  is  achieved. 

Calculations  of  the  braking  action  of  air  cushions  or  that  resulting 
from  the  mechanical  additions  of  increasing  amounts  of  inertia  led  to 
unsatisfactory  results;  in  the  latter  case,  e.  g.  ,  the  added  mass  which 
itself  must  later  be  decelerated  increases  too  rapidly.  But  a  spring 
of  small  mass  appears  to  provide  a  simple  braking  mechanism,  and 
such  an  arrangement  is  shown  in  Fig.  1.  It  is  planned  to  use  a 
"plunger"  (metal  cylinder)  falling  in  a  vertical  tube  above  the  furnace 
and  connected  to  the  sample  container  by  the  suspension  wire. 

Assuming  that  the  total  mass  to  be  decelerated  is  130  gm,  calculation 
shows  that  such  a  spring  will  produce  the  desired  deceleration  if  its 
modulus  of  elasticity  is  such  that  a  mass  of  715  gm  (B  in  Fig.  1)  will 
produce  an  initial  stretch  of  24  cm  between  the  stops.  The  force  of 
the  spring  is  imparted  suddenly  to  the  taut  spring  attached  to  the 
falling  system,  and  according  to  Hooke's  law  increases  50  percent 
during  an  additional  12  cm  of  stretch.  Some  device  is  necessary,  of 
course,  to  keep  the  spring  from  oscillating  appreciably  at  the  end  of 
the  motion. 

Heat  Transfer  from  Sample  to  Calorimeter 


Once  the  container  and  sample  have  come  to  rest  near  the  bottom 
of  the  calorimeter  well,  how  much  heat  is  likely  to  be  lost  out  of  the 
calorimeter  by  conduction,  convection,  and  radiation  up  the  well  in  the 
most  unfavorable  case  -  viz.  ,  when  the  sample  is  at  1500°C. 

As  a  "worst  case"  among  those  likely  to  be  encountered,  it  was 
assumed  that  the  sample  remained  at  1500  °C  while  it  evolved  2000  cal. 
as  a  heat  of  solidification  or  transition,  then  cooled  to  0°C  with  a  heat 
capacity  of  4  cal.  /degree  C,  the  total  heat  to  be  delivered  to  the 
calorimeter  thus  being  8000  cal.  Where  the  margin  of  safety  proved 
to  be  great,  the  environment  of  the  sample  could  be  assumed  to  remain 
at  a  constant  temperature,  a  great  simplification  of  the  actually  very 
complicated  pattern  of  heat  transfer.  It  should  be  noted  that  these 
sources  of  error  are  not  eliminated  by  measurements  on  the  empty 
container,  for  the  latter  remains  at  high  temperatures  in  the  calori¬ 
meter  for  a  much  shorter  time  than  when  a  sample  is  present. 
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Conduction  was  found  entirely  negligible.  The  walls  of  the  upper 
part  of  the  calorimeter  well  are,  except  for  a  very  thin  coating  of 
silver  plate,  entirely  of  poorly  conducting  monel.  A  rough  computation 
indicated  0.  002  cal.  per  min.  as  the  conductive  loss,  and  this  would 
persist  for  only  a  few  min.  before  diminishing  greatly. 

Heat  loss  by  convection  is  undoubtedly  more  serious  than  by  con¬ 
duction,  and  very  difficult  to  estimate  reliably.  The  loss  would  be 
intolerable  if  any  considerable  fraction  of  the  rising  gas  reached  the 
region  of  the  gate  without  being  cooled  by  the  walls  of  the  calorimeter 
well.  In  designing  an  ice  calorimeter  of  very  similar  dimensions, 
Ginnings  and  Corruccini  [9]  performed  special  experiments  to  test  for 
such  heat  losses.  Above  a  heater  at  about  900  °C,  which  simulated  a 
hot  sample  container,  were  spaced  three  polished  silver  disks  each  of 
0.3  mm  thickness  and  1"  apart.  Thermocouples  on  the  shields  showed 
the  excess  temperature  (compared  with  the  ambient)  to  be  smaller  than 
the  temperature  of  the  shield  just  below  by  a  factor  of  about  5,  the 
temperature  of  the  third  shield  being  only  about  3  degrees  C  above  the 
ambient  temperature.  Ginnings  and  Corruccini  [10]  describe  also 
special  experiments  in  which  the  effect  on  the  heat  content  showed  that 
one  shield  was  definitely  needed  but  probably  adequate  when  the  sample 
was  at  725  °C.  On  the  basis  of  those  tests  three  thin  platinum  shields 
were  adopted  in  the  present  case  (C1,  Fig.  1). 

The  radiative  loss  outside  the  calorimeter  can  easily  be  shown  to 
be  negligible „  The  solid  angle  from  the  top  shield  to  the  part  of  the  well 
outside  the  calorimeter  is  very  small,  and  besides,  the  top  shield 
itself  will  be  at  a  much  reduced  temperature  as  discussed  above.  Each 
shield  owing  to  its  heat  capacity,  contributes  a  small  part  to  the  total 
heat  measured,  but  its  premature  reduction  in  temperature  below  that 
of  the  sample  container  will  tend  to  be  independent  of  whether  or  not  a 
sample  is  present,  and  the  resulting  error  will  thus  largely  cancel 
when  the  heat  found  for  the  empty  container  is  subtracted. 

In  designing  the  present  calorimeter  for  use  with  samples  that 
may  initially  be  at  1500  °C,  a  final  question  was  posed:  Is  the  transfer 
of  heat  to  the  calorimeter  likely  to  be  so  great  that  water  in  the  calori¬ 
meter  will  be  temperarily  raised  to  its  boiling  point?  Preliminary 
calculations  indicated  that  without  special  precautions  this  might  occur, 
and  steps  were  taken  to  avoid  it.  In  the  first  place,  a  "safety  stop" 

(N,  Fig.  1)  was  designed  to  be  placed  in  the  bottom  of  the  calorimeter 
well.  This  consists  of  a  tube  of  Pt  -  10%  Rh  1  cm  long  and  of  1  mm  wall 
thickness.  If  the  suspension  wire  should  stretch  or  break,  this  would 
prevent  the  hot  sample  container  from  coming  in  direct  contact  with  the 
bottom  of  the  well,  where  thermal  contact  would  be  too  good.  In  the 
second  place,  the  lowest  12  cm  length  of  the  well  was  surrounded  by  a 
cylindrical  shell  of  copper  3  mm  thick  (L,  Fig.  1).  This  will  aid  some¬ 
what  in  distributing  the  heat  over  a  larger  height  of  ice,  thus  increasing 
the  amount  of  an  ice  mantle  which  can  be  melted  in  heat  measurements 
before  a  hole  develops  in  the  ice,  when  some  hot  water  would  escape 
and  deliver  part  of  its  heat  to  the  jacket.  However,  calculation  showed 
that  this  advantage  is  not  great,  for  it  appears  that  only  about  15  percent 


574278  0-61-17 


249/9 


of  the  heat  from  the  sample  will  enter  the  calorimeter  at  levels  above  the 
top  of  the  sample.  The  horizontal  paths  for  heat  conduction  are  still 
much  shorter  and  of  much  greater  cross-section  than  the  vertical  path 
up  the  copper  shell. 

The  main  purpose  of  the  copper  shell  is  to  provide  a  temporary- 
reservoir  for  heat,  which  will  subsequently  be  delivered  to  the  surround¬ 
ing  water  from  a  far  lower  temperature  than  that  of  the  hot  sample  con¬ 
tainer. 


The  time- temperature  pattern  of  the  sample  and  calorimeter 
parts  was  then  solved  by  numerical  integration  over  periods  of  time  as 
short  as  0.  1  sec.  As  before,  a  sample  was  assumed  to  deliver  2000 
cal.  while  at  1500  °C,  and  then  6000  cal.  more  in  cooling  to  0°C.  The 
surface  of  the  sample  container  was  assumed  to  have  an  emissivity  of 
0.  17,  that  of  the  well  surface  to  be  unity,  all  conduction  to  occur 
through  helium  and  the  1- cm- long  Pt  -  Rh  tube  at  the  bottom,  and  ice 
to  be  directly  in  contact  with  the  copper  surfaces  in  the  calorimeter 
when  heat  began  to  flow. 

This  calculation  indicated  that  the  sample  would  lose  its  2000  cal 
of  latent  heat  in  about  12  sec.  At  the  end  of  this  time  65  percent  of 
this  heat  would  have  melted  ice,  25  percent  would  be  stored  in  the 
copper  shell,  and  the  remaining  10  percent  would  be  stored  in  the 
water  formed  from  ice  that  had  melted.  The  calculation  indicated  that 
99.99  percent  of  the  heat  from  the  sample  would  have  entered  the 
calorimeter  in  10  minutes  after  the  sample  was  dropped.  This  result 
is  a  lower  limit  of  the  time  actually  required,  largely  because  the 
thermal  conductivity  of  the  sample  was  assumed  to  be  infinite,  but  the 
calculation  did  indicate  that  all  parts  of  the  water  will  remain  well 
below  the  boiling  point. 

III.  DESIGN  OF  THE  FURNACE 


Structure  Details 


A  detailed  diagram  of  the  furnace  designed  for  the  present 
apparatus  is  drawn  to  scale  in  Fig.  3.  There  are  three  coaxial  ceramic 
cores,  which  in  the  order  of  increasing  diameter  will  be  designated  as 
Nos.  1,  2,  and  3  respectively.  On  the  outside  of  these  are  wound  the 
various  platinum- rhodium  wire  heaters  as  shown.  Three  "main" 
heaters,  supplying  most  of  the  power,  are  on  core  2.  Three 
"auxiliary"  heaters,  altogether  divided  into  13  parts  capable  of  in¬ 
dependent  control,  are  on  core  1  and  are  designed  to  supply  small 
additional  quantities  of  power  needed  to  make  the  center  of  the  furnace 
where  the  sample  will  be  suspended  nearly  isothermal.  On  core  3  is 
wound  a  single  ("insulation")  heater,  which  is  designed  to  aid  in  heating 
the  insulation  and  so  shorten  the  time  required  to  reach  steady- state 
temperatures  throughout  the  furnace.  An  approximately  steady  state 
throughout  the  insulation  is  highly  desirable  so  that  the  environment  of 
the  sample  can  be  kept  at  a  constant  temperature  without  having  to  make 
frequent  reductions  in  the  power  supplied  to  the  inner  heaters  while  the 


250/10 


lags  in  the  insulation  are  being  overcome. 

All  parts  of  the  furnace  inside  the  main  heaters  (except  near  the 
top  and  bottom  ends  of  the  furnace)  are  designed  to  withstand  tempera¬ 
tures  up  to  1500oC<,  Cores  1  and  2  are  of  a  porous  grade  of  alumina 
stated  by  their  suppliers,  the  McDanel  Refractory  Porcelain  Co.  ,  of 
Beaver  Falls,  Pennasylvania  to  be  99.  5  percent  AI2O3  and  to  be  more 
stable  at  high  temperatures  than  vitreous  alumina.  Fitting  inside  core 
1  over  the  length  of  the  furnace  is  a  platinum  liner  of  0.  012"  wall 
thickness.  This  is  tight  to  most  gases,  reduces  radiation  because  of 
its  low  emissivity,  and  electrically  shields  the  most  important  thermo¬ 
couples.  Fitting  snugly  inside  this  platinum  liner  and  around  the 
sample  for  a  height  of  4"  is  another  platinum  tube  of  0.  040"  wall 
thickness.  Inside  these  platinum  tubes  a  stream  of  pure  helium  will 
flow  when  the  furnace  is  in  operation.  An  air  gap  separates  cores  1 
and  2,  and  between  cores  2  and  3  is  packed  fine  purified  alumina 
powder  having  a  bulk  density  of  approximately  30  lb/ft^.  Calculations 
of  radical  heat  conduction  indicated  that  with  the  furnace  interior  at 
1500  °C,  core  3  will  not  exceed  a  temperature  of  about  1100°C.  This 
core  is  constructed  of  vitreous  refractory  Mullite,  and  the  insulation 
material  between  it  and  the  aluminum  cylinder  surrounding  the  furnace 
is  so-called  Thermoflex  loose  fiber  packed  to  a  density  of  about  10 
lb/ft^.  (According  to  the  supplier,  the  Johns- Manville  Corporation, 
the  effective  thermal  conductivity  of  this  material  is  less  the  greater 
the  density  to  which  it  is  packed.  The  material  is  said  to  stand 
continuous  exposure  up  to  1100°C.)  'The  top  and  bottom  cover  plates 
of  the  furnace  are  of  "18-8"  stainless  steel.  The  top  plate  really 
consists  of  three  separate  plates  in  a  cascaded  arrangement;  by  re¬ 
moving  them  separately,  it  is  possible  to  remove  an  inner  furnace  core 
for  changes  or  repairs  without  dislocating  the  cores  outside  it.  Thermo¬ 
couples  of  Pt  --  Pt  -  10%  Rh  measure  the  temperatures  inside  the 
cores  at  the  levels  where  the  various  heaters  are  located.  Tubing  of 
pure  alumina,  with  an  OD  of  1/8"  and  an  ID  of  1/16",  conduct  the 
thermocouple  and  heater  leads  out  through  the  top  and  bottom  furnace 
cover  plates. 

The  adopted  furnace  design  outlined  above  was  based  on 
numerous  calculations  of  heat  transfer  in  the  furnace.  With  the  aim  of 
justifying  the  conclusions  reached,  the  more  important  of  these 
calculations  will  now  be  discussed. 

Radiation  in  the  Furnace 


It  is  necessary  to  provide  adequate  clearance  below  the  sample 
hanging  in  the  furnace  so  that  it  may  fall  into  the  calorimeter  without 
obstruction.  The  intensity  of  radiation  inside  the  innermost  core  at 
the  highest  temperatures  led  to  the  question  of  how  small  the  axial 
temperature  gradients  must  be  to  prevent  serious  error  in  the  mean 
temperature  of  the  sample  and  container  through  radiation  from  the 
bottom  of  the  container  to  the  colder  parts  of  the  core.  If  the  tempera¬ 
ture  of  the  10- cm- long  platinum  cylinder  surrounding  the  sample  and 
container  averages  1500°C  and  is  sufficiently  uniform,  the  tempera- 
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ture  of  the  rest  of  the  core  could  be  30  degs  C  different  but  the 
consequent  mean  temperature  of  the  sample  and  container  would  not  be 
in  appreciable  error.  Assuming  the  region  of  the  core  above  the 
sample  to  be  isolated  with  respect  to  radiation  by  proper  shielding, 
only  about  one- tenth  the  solid  angle  subtended  by  the  container  bottom 
and  practically  none  of  the  angle  to  the  container  walls  would  be  in¬ 
cluded  in  the  region  below  the  platinum  cylinder.  If  e.g.  this  region 
of  the  core  were  at  only  1470  °C,  a  steady  state  would  be  reached  with 
the  sample  at  a  temperature  of  about  1499.  5°C.  (The  core  will  of 
course  be  far  below  1470  °C  near  its  ends,  but  the  solid  angles  between 
the  sample  container  and  these  distant  regions  are  very  small  and  so 
allow  little  transfer  of  heat  by  radiation.  )  This  simple  calculation 
enables  a  good  first  estimate  of  how  large  the  axial  temperature  gra¬ 
dients  can  be  allowed  to  be  inside  the  innermost  core  in  regions 
fairly  close  to  the  sample. 

The  core  will,  as  mentioned,  be  far  colder  near  its  ends,  and 
one  may  question  whether  the  greatly  increased  temperature  factor  for 
radiation  from  the  sample  overbalances  the  effect  of  the  very  small 
solid- angle  factors.  The  following  calculation  was  made,  and  it  may 
be  worthwhile  to  describe  the  results  in  some  detail,  in  view  of  the 
general  importance  of  this  type  of  problem  in  the  use  of  furnace  cores 
at  high  temperatures. 

Consider  the  total  net  power  radiated  (W)  from  all  parts  of  the 
inside  wall  of  an  opaque  cylinder  to  a  band  ofthe  wall  of  width  dx  and 
absolute  temperature  T0  .  Assuming  all  azimuthal  temperature” 
gradients  to  be  negligible,  let  the  absolute  temperature  of  the  wall  be 
T  at  a  distance  along  the  axis  of  rL  from  the  band  in  question,  where 
r  is  the  radius  of  the  cylinder.  The  following  equation  was  derived, 

W  =  k  E  r  \  jf^  T  4  Z  1-L(L2  +  6)/(L2  +  4)3  /  ZJ  dL  -  2  T04  }  dx, 


where  k  is  the  Stefan- Boltzmann  radiation  constant  and  E  is  the  proper 
emissfvity  factor.  The  bracketed  expression  in  the  integrand  may  be 
replaced  to  an  accuracy  within  a  few  percent  by  e“  ,  but  integration 
depends  of  course  on  a  knowledge  of  the  function  T(L),  which  will  be 
intricate  if  several  heaters  of  variable  power  gradients  are  assumed. 

The  above  equation  was  applied  to  a  cylinder  of  1"  ID.  The  re¬ 
sults  obtained  are  exaggerated  for  the  present  case,  since  emissivities 
of  unity  were  assumed,  but  the  platinum  liner  need  have  an  emissivity 
no  greater  than  0.  2  or  so.  An  exact  solution  was  considered  not  worth¬ 
while  because  of  the  necessary  approximations  to  the  actual  conditions. 
The  cylinder  was  taken  to  be  30  cm  long  and  to  correspond  to  the  part 
of  furnace  core  1  which  is  below  the  bottom  of  the  sample  container. 

The  upper  half  of  the  core  was  assumed,  as  before,  to  be  blocked  to 
radiation  by  proper  shielding.  The  30- cm  core  was  divided  into  ten 
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bands  3  cm  wide  (along  the  axis);  the  power  entering  band  from 
adjacent  heaters  is  Wi  watts  and  the  temperature  of  the  band  is 
assumed  constant  and  equal  to  Ti  °K,  where  the  subscript  i  varies  from 
1  at  the  end  of  the  cylinder  corresponding  to  the  center  of  the  furnace 
core  to  10  at  the  other  end  of  the  cylinder,  which  corresponds  to  the 
bottom  of  the  core. 

Setting  up  heat  balances  to  arrive  at  a  steady  state,  each  of  the 
tern  temperatures  (in  terms  of  a  defined  quantity  Fi)  was  solved  for  as 
a  function  of  the  ten  heater  powers  (P^) 

Fi  =  (Ti  /100)4  =  S  &i  Pi 


The  coefficients  ai  thus  found  are  given  in  the  following  table. 


Coefficient 


Equation  giving 

""  al 

a2 

a3 

a^ 

a5 

a6 

a7 

a8 

a9 

a10 

F 1 

3748 

2741 

2550 

2219 

1911 

1600 

1289 

9  79 

666 

365 

f2 

3322 

2815 

2538 

2221 

1911 

1600 

1290 

979 

667 

365 

f3 

2967 

2447 

2599 

2209 

1912 

1599 

1288 

978 

666 

3  64 

*4 

2602 

2157 

2223 

2274 

1901 

1601 

1288 

978 

666 

364 

f5 

2238 

1853 

1921 

1899 

1965 

1590 

1290 

978 

666 

364 

F6 

1874 

1552 

1607 

1599 

1590 

1654 

1279 

980 

665 

364 

F7 

1510 

1251 

129  5 

1287 

1290 

1279 

1343 

9  69 

667 

364 

f8 

1146 

949 

983 

977 

978 

980 

969 

1033 

656 

366 

f9 

780 

646 

669 

665 

666 

665 

667 

656 

719 

353 

F 10 

427 

353 

366 

364 

364 

364 

3  64 

366 

353 

427 

Radiation  is  reflected  repeatedly  throughout  the  length  of  the  cylinder, 
so  that,  as  the  table  shows,  the  temperature  where  the  sample  will  be 
placed  (given  by  Fj)  is  affected  appreciably  by  the  power  input  to  any 
part  of  the  cylinder.  However,  it  will  be  noted  from  the  table  that  the 
first  coefficients  in  any  one  column  are  almost  constant.  In  fact, 
closer  examination  of  this  constancy  shows  that  varying  the  power  in¬ 
put  to  any  given  band  or  section  of  the  cylinder  by  several  watts  causes 
a  change  in  the  temperature  of  every  section  nearer  the  center  of  the 
furnace  (smaller  value  of  i)  by  substantially  the  same  amount.  It  was 
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thus  concluded  that  if  close  temperature  control  is  needed  in  only  the 
central  10  axial  cm  of  the  furnace  core,  no  more  than  one  heater  is 
needed  on  any  core  above  or  below  this  region.  Owing  to  an  increasing 
axial  temperature  gradient,  such  an  "end"  heater  (a  "Bottom"  heater 
in  Fig.  3)  will  deliver  decreasing  amounts  of  power  (per  axial  cm)  to 
the  inside  of  its  core  as  one  approaches  an  end  of  the  core.  But  it 
appears  from  the  table  that  this  fact  will  contribute  little  to  creating 
an  axial  temperature  gradient  near  the  center  of  the  furnace. 

A  related  problem  which  was  considered  is  the  magnitude  of  the 
direct  transfer  of  heat  by  radiation  between  the  inside  of  core  2  and  the 
outside  of  core  1  at  different  levels,  since  this  space  is  filled  with  air 
and  is  thus  transparent.  Aside  from  the  unknown  emissivities ,  which 
may  here  be  taken  as  unity,  such  a  computative  problem  is  chiefly 
concerned  with  an  adequate  estimation  of  the  solid  angle  involved.  An 
equation  was  derived  for  the  solid  angle  S  from  a  point  on  the  outermost 
surface  (with  an  assumed  radius  of  2  cmY to  a  band,  1  cm  wide  and  x 
cm  displaced  axially,  on  the  innermost  surface  (with  an  assumed  radius 
of  1.  6  cm).  After  weighting  with  the  cosine  of  the  angle  to  the  normal 
and  then  normalizing,  for  values  of  x  not  less  than  1  cm  the  solid  angle 
is  given  to  a  good  approximation  by 

S  =  (0.  507/x4)  (1  -  e” °*  8x). 

For  a  difference  in  temperature  of  1  deg  C  at  about  1500  °C,  it  was 
found  that  the  total  radiation  between  two  bands  (on  opposite  walls)  each 
1  cm  wide  and  displaced  axially  from  each  other  by  an  average  of  x  cm 
is  as  follows:  For  x  =  0,  1  watt;  for  x  =  1,  0.2  watt;  for  x  =  2,  0.  (J1 
watt;  and  for  x  =  3,  0.002  watt.  Because  the  two  tubes  are  so  close 
together,  the  radiation  thus  falls  off  so  rapidly  with  increasing 
displacement  parallel  to  the  furnace  axis  that  to  a  good  approximation 
the  transfer  of  heat  between  the  two  tubes  is  essentially  horizontal  for 
radiation  (as  well  as  for  conduction),  at  all  temperatures  up  to  1500°C. 

Main  Heaters 


Taking  into  account  both  condxiction  and  radiation  but  only  in  a 
somewhat  approximate  manner,  the  following  results  were  calculated 
on  the  basis  of  three  untapped  "main"  heaters  only  and  a  furnace 
temperature  of  1500°C. 
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Extent  of  Section 
Along  Furnace 

Axis  (cm  above 
center) 

Which 

Main 

Heater 

Heater  Power 
for  Steady  State 
(watts  per  axial  cm) 

Extreme  s 
of  Temperature 
of  Core  1  (  °C) 

+30  to  +22.  5 

none 

0 

room  temp.  -  1429  ° 

+22.  5  to  +13.  5 

top 

25 

? 

+13.  5  to  -13.  5 

center 

16 

1500.  0° -  1500.  5° 

-  13.  5  to  -22.  5 

bottom 

25 

1515°  -  1429° 

- 22.  5  to  - 30 

none 

0 

1429°  -  room  temp 

Since  the  heat  losses  from  the  furnace  are  difficult  to  estimate 
accurately,  allowance  was  made  for  considerable  error  in  the  cal¬ 
culation  of  the  heater  powers  required.  All  heater  wire  is  of  platinum  - 
10%  rhodium  except  that  of  the  two  end  main  heaters  ("top"  and 
,rbottom"),  which  must  carry  the  greatest  currents.  The  end  main 
heaters  are  of  Pt  -20%  Rh  because  of  its  superior  mechanical  strength 
and  slightly  higher  melting  point.  The  use  of  windings  of  pure  rhodium 
(melting  point  1955  °C)  was  considered,  but  rejected  because,  on  the 
basis  of  advice  that  it  would  be  more  difficult  to  wind  the  rhodium  in  a 
properly  annealed  condition,  it  was  feared  that  the  advantage  of  its 
higher  melting  point  might  be  more  than  offset  by  a  larger  spacing 
between  the  wire  and  the  furnace  co)  i.  One  calculation  of  the  probable 
maximum  temperature  of  the  platinum- rhodium  heaters  gave  a  value 
above  1800°C  when  the  furnace  is  at  1500°C.  While  this  is  probably 
an  exaggerated  result,  it  is  understood  from  others  that  platinum- 
rhodium  furnace  windings  often  have  a  short  life  at  furnace  tempera¬ 
tures  above  1500°C.  For  this  reason,  because  of  the  desire  for  a 
margin  of  safety,  and  because  of  the  increasing  rates  of  change  of  the 
calibration  of  platinum- rhodium  thermocouples  as  the  temperature 
increases,  it  was  decided  to  limit  the  maximum  furnace  temperature 
to  1500°C.  It  will  probably  be  possible  to  get  a  more  reliable  estimate 
of  the  actual  maximum  excess  temperature  of  these  windings  from 
their  electrical  resistances  while  they  are  delivering  power  to  the  hot 
furnace. 

It  seems  likely  that  enough  heat  may  be  conducted  from  the  furnace 
to  the  calorimeter  to  justify  water- cooling  the  tube  leading  from  the 
bottom  of  the  furnace.  This  would  be  simple  to  accomplish  after  the 
performance  of  the  furnace  has  been  tested. 
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Auxiliary  Heaters 


At  1500°C  the  thermal  conductivity  of  core  1  (alumina  and  platinum, 
together)  is  computed  to  be  such  as  to  allow  a  longitudinal  heat  flow  of 
1.7  watt  for  a  temperature  gradient  of  1  deg.  C  per  cm,  or  an 
azimuthal  heat  flow  of  0.2  watt  per  axial  cm  for  an  azimuthal  tempera¬ 
ture  gradient  of  1  deg  C  per  cm.  In  each  of  these  two  cases  the 
platinum  contributes  about  two- thirds  of  the  total.  Even  this  much 
conductivity  is  an  aid  in  creating  an  isothermal  environment  for  the 
sample,  but  is  far  less  than  provided  by  the  1/2”  thickness  of  silver 
in  the  older  "900°C"  furnace  in  this  laboratory. 

The  possibility  of  using  the  platinum  liner  as  a  resistance  element 
for  "auxiliary"  (fine- control)  heaters  was  examined,  but  rejected  be¬ 
cause  of  the  high  heating  currents  that  would  be  needed  for  such  small 
electrical  resistances. 

The  center  auxiliary  heater  is  wound  on  core  1  over  the  10  cm  of 
length  whose  temperature  must  be  critically  controlled,  as  discussed 
earlier.  A  simple  calculation  shows  that  if  enough  azimuthal  asymmetry 
should  exist  in  this  region  (different  spacings  of  heaters,  insulation, 
cores,  etc.)  to  allow  a  difference  of  power  input  of,  say,  1  watt  per 
axial  cm  to  exist  at  some  azimuth,  the  temperature  would  probably 
vary  by  several  degrees  around  the  core.  It  would  require  several 
thermocouples  azimuthally  spaced  to  average  these  core-wall 
temperatures  accurately,  and  the  heat  transfer  to  the  sample  would 
still  need  to  be  uniform  to  make  this  average  applicable. 

While  the  estimates  of  the  extent  of  such  asymmetry  may  prove  to 
be  exaggerated,  it  was  decised  to  reduce  its  effect  by  dividing  the 
central  auxiliary  heater  into  three  parts  which  could  compensate  by 
supplying  different  powers  to  three  equal  azimuthal  sectors  of  the 
core.  Placing  such  azimuthal  heaters  farther  from  the  axis  (e.g.  ,  in 
the  insulation)  would  give  them  large  lags,  making  quick  adjustments 
of  the  temperatures  of  core  1  impossible.  The  most  obvious  way  to 
install  a  wire  heater  giving  preference  to  one  such  azimuthal  sector 
would  be  to  wind  the  heater  on  that  sector  only,  but  this  would  pose 
the  problem  of  anchoring  the  heater  at  its  frequent  sharp  turns  with¬ 
out  creating  unequal  spacings  on  the  core. 

The  design  of  center  auxiliary  heater  adopted  is  shown 
schematically  in  Fig.  4,  with  the  corresponding  wiring  diagram  in 
Fig.  5.  In  Fig.  4  the  pitch  of  winding  and  the  distance  between 
adjacent  turns  are  greatly  exaggerated,  while  the  number  of  turns 
shown  is  much  smaller  than  planned,  in  order  to  make  clear  how  the 
winding  is  distributed  on  three  separate  groves  of  the  alumina  core. 

The  whole  outside  tube  surface  is  shown  spread  out  flat,  so  that  the 
continuity  of  wire  in  each  groove  can  be  followed.  The  whole  heater  is 
a  continuous  length  of  No.  26  (B&tS)  Pt  -  10%  Rh  wire  wound  up  one 
groove,  down  a  second  groove,  and  finally  up  the  third  groove.  Butt 
welds  (one  of  which  might  happen  to  be  faulty)  are  thus  avoided  except 
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at  the  two  ends,  and  anchorage  of  the  wire  is  required  at  four  places 
only.  The  heater  is  tapped  at  eight  places,  and  ten  leads  being  of  No. 

20  Pt  -10%  Rh.  The  heater  is  thus  divided  into  nine  separate  sections, 
each  of  which  is  fed  from  a  step-down  isolation  transformer  and  a 
potentiometer  as  shown  in  Fig.  5.  The  heater  sections  are  joined  only 
to  simplify  the  anchorage  of  their  ends,  although  this  makes  it  possible 
to  impose  common  voltages  on  groups  of  them  if  this  should  prove 
desirable  later. 

The  nine  heater  sections  obviously  make  it  possible  to  impose 
separate  power  on  each  "level",  or  distance  of  3-1/3  cm  along  the 
axis.  In  addition,  differential  heating  in  the  three  azimuths  of  any  one 
level  is  accomplished  as  follows.  In  each  groove  an  additional  Pt  -10% 
Rh  wire  (No.  22)  is  laid  beside  the  No.  26  wire  for  each  2/3  of  a  turn; 
by  platinum- soldering  the  short  length  of  No.  22  wire  at  its  ends  to 
the  No.  26  wire,  the  two  wires  are  electrically  in  parallel.  Each  wire 
is  thus  equivalent  to  No.  26  wire  for  a  third  of  a  turn  and  to  No.  20 
wire,  with  about  one- fourth  the  resistance  per  unit  length,  for  the 
other  two- thirds  of  a  turn. 

As  shown  in  Fig.  4,  the  finer  wire,  in  which  is  generated  the 
greater  power  by  the  same  current,  covers  a  different  azimuth  in  each 
of  the  three  grooves.  Each  azimuth  will  be  heated  not  only  by  the 
higher- re sistance  winding  in  one  groove  but  also  by  the  lower- resis¬ 
tance  windings  in  the  other  two  grooves.  However,  a  change  in  current 
in  any  one  heater  section  will  affect  more  the  azimuth  in  which  its 
higher- re  sistance  wire  lies  than  the  azimuths  in  which  the  lower- 
resistance  wire  lies.  This  can  be  illustrated  by  a  simple  example  for 
the  three  heater  sections  at  a  given  level. 

Case  (a).  Assume  the  same  voltage  applied  to  each  heater 
section,  and  of  such  magnitude  as  to  give  the  following  power  con¬ 
tributions  in  each  azimuth,  as  determined  by  the  sum  of  the  contri¬ 
butions  from  the  three  grooves  (always  tabulated  below  in  the  same 
order) ; 

Azimuth  1;  1/2  +  1/2  +  2=  3  watts 

Azimuth  2:  1/2  +  2  +1/2=3  watts 

Azimuth  3;  2  +  1/2  +  1/2  =  3  watts 

Case  (b).  Same  as  case  (a)  except  the  voltage  on  the  heater 
section  in  groove  1  is  multiplied  by  [2.  25,]  while  that  in  each  of 
grooves  2  and  3  is  multipled  by  [  0.  75,]  giving; 

Azimuth  1:  9/8  +  3/8  +  3/2  =  3  watts 

Azimuth  2:  9/8  +  3/2  +  3/8  =  3  watts 

Azimuth  3:  9/2  +  3/8  +  3/8  =  5-1/4  watts 

It  is  obvious  that  to  be  able  to  increase  the  power  on  one  azimuth  by  a 
given  amount  without  affecting  that  in  the  other  two  azimuths,  sufficient 
current  must  have  already  been  passing  through  the  two  heater  sections 
whose  currents  must  be  reduced  in  the  readjustment. 
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As  shown  in  Fig.  5,  the  current  in  ea,ch  heater  section  may  be 
read  on  a  common  ammeter,  with  the  DPDT  switches  provided  with  a 
spring  return  to  prevent  the  inadvertent  connection  of  the  ammeter  to 
more  than  one  heater  section  at  the  same  time.  With  a  little  practice, 
the  simultaneous  adjustment  of  these  currents  can  doubtlessly  be  made 
manually  and  easily.  It  would  be  possible  to  gear  the  three  potentio¬ 
meters  for  each  level  to  each  other,  but  this  is  hardly  worth  the 
trouble.  Besides,  the  ideal  efficiency  of  power  control  illustrated 
above  can  never  actually  be  reached.  Since  the  thermal  contact  of  the 
heater  with  its  surroundings  is  never  perfect,  part  of  the  extra  heat 
generated  in  the  fine  wire  will  flow  through  it  into  the  coarser  wire, 
thereby  tending  somewhat  to  equalize  the  power  available  in  each 
azimuth. 

An  exact  calculation  was  made  to  determine  the  above-mentioned 
effect  of  heat  flowing  through  the  heater  wire  of  non-uniform  diameter. 
Assuming  a  steady  state,  the  environment  was  assumed  to  be  uniformly 
at  1600°C  and,  neglecting  conduction  from  the  wire  to  its  surroundings, 
the  heat  transmitted  was  all  assumed  to  be  by  radiation.  For  conven¬ 
ience  the  results  were  integrated  over  three  equal  lengths  of  one  com¬ 
plete  turn  of  the  winding:  (a)  the  one-third  turn  composed  of  No.  26  wire, 
(b)  the  middle  one- third  turn  of  No.  20  wire,  and  (c)  the  intervening 
two  one- sixths  of  a  turn  of  No.  20  wire.  With  t  =  the  mean 
temperature  of  the  wire  section  in  degs.  C  ancTl  =  the  amperes  of 
current  flowing  through  the  wire,  the  results  were  as  follows. 


Part  of  Wire 
(see  above) 

Size  of  Wire 
(B.  &  S.  ) 

Mean  (t-  1 600) 
(degs.  C) 

Power 

Generated 

(watts) 

Power 

Radiated 

(watts) 

a 

26 

11.4  I2 

0.  132  I2 

0.  112  I2 

b 

20 

1.  7  I2 

0.  033  I2 

0.  034  I2 

c 

20 

2.  6  I2 

0.  033  I2 

0.051  I2 

Total: 

0.  198  I2 

0.  198  I2 

Below  1600°C  radiation  is  of  course  less  effective  in  removing  heat 
from  the  wire.  It  was  estimated,  however,  that  at  all  temperatures 
conductive  from  the  wire  would  be  about  as  efficient  as  radiation  is  at 
1600°C  if  the  average  spacing  of  the  wire  from  its  surroundings  is  0.2 
mm  over  half  its  perimeter  but  far  greater  over  the  other  half.  To 
ensure  a  comparably  small  spacing,  it  may  be  desirable  to  cement  the 
bottom  of  the  wire  into  its  groove. 

The  ten  leads  of  the  center  auxiliary  heater  are  of  No.  20  Pt  -10% 
Rh  wire  instead  of  smaller  wire  in  order  to  reduce  the  heating  pro¬ 
duced  by  the  leads  themselves.  Because  of  the  rather  small  number  of 
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turns  in  each  of  the  nine  heater  sections,  the  power  from  the  leads  is 
relatively  appreciable,  but  is  made  symmetrical  by  running  the  leads 
close  to  the  azimuth  most  sensitive  to  the  corresponding  heater  section. 
It  will  be  noted  that  the  eight  leads  which  are  taps  are  each  common  to 
two  adjacent  heater  sections,  an  expedient  that  reduces  the  number  of 
leads  and  the  space  occupied.  A  simple  calculation  seemed  to  indicate 
that  this  use  of  common  leads  of  appreciable  resistance  will  not  cause 
an  undue  dependence  of  the  current  in  one  heater  section  on  the 
voltage  applied  across  another.  Exemplifying  the  actual  case  at  1500°C 
by  taking  two  heater  sections,  each  of  1.2  ohms,  in  series  and 
connected  to  two  sources  of  voltage  by  three  leads  of  0.  3  ohm  each, 
the  current  in  each  heater  section  proved  to  be  six  times  as  sensitive 
to  the  voltage  directly  across  it  as  to  the  voltage  across  the  other 
heater  section. 

Additional  temperature  control  is  provided  by  top  and  bottom 
auxiliary  heaters  wound  on  core  1  as  shown  in  Fig.  3.  Their  use  seems 
necessary  to  ensure  a  sufficiently  small  temperature  gradient  longitu¬ 
dinally  in  the  center  of  this  core,  and  also  to  provide  protection 
against  the  considerable  lags  which  may  be  encountered  at  certain 
temperatures  in  the  transfer  of  heat  from  the  end  main  heaters  to  the 
innermost  core.  Each  of  these  auxiliary  heaters  covers  a  length  of 
15  cm  along  the  furnace  axis,  and  is  tapped  once  5  cm  from  the  inner 
end  to  provide  additional  variation  in  power  gradient.  Since  this  core 
has  three  grooves  over  its  whole  length,  the  "inner"  section  of  each 
end  auxiliary  heater  runs  in  all  three  grooves  before  joining  onto  the 
"outer"  section.  The  latter  in  turn  runs  up  and  down  in  the  same  three 
grooves  but  over  a  different  axial  range. 

In  place  of  supplying  power  from  separate  potentiometers  and 
variable  transformers  to  the  various  sections  of  the  auxiliary  heaters, 
the  alternative  of  using  variable  shunts  outside  the  furnace  was  first 
considered,  but  rejected.  The  shunts  would  need  to  carry  considerable 
current,  and  would  presumably  need  variable  contacts  of  dependably 
low  resistance.  The  current  through  a  heater  section  would  be 
reasonably  independent  of  the  shunts  across  the  other  heater  sections, 
particularly  if  all  the  heaters  were  in  series  with  a  large  shunt  outside 
the  furnace.  The  method  appears  to  be  practical;  but  the  resulting 
network  circuit  would  be  rather  complicated,  especially  since  platinum- 
rhodium  heater  windings  have  widely  different  resistances  at  widely 
different  temperatures. 

Heater  Lags:  Summary  of  Heater  Specifications. 


Most  of  the  foregoing  calculations  have  been  for  steady- state 
conditions.  It  is  of  practical  importance  to  know  the  approximate 
magnitude  of  the  temperature  lags,  particularly  those  in  the  transfer 
of  heat  from  the  main  and  auxiliary  heaters  to  the  innermost  core. 
Approximate  calculations  for  the  auxiliary  heaters  led  to  the  belief 
that  the  relaxation  time  in  this  case  will  be  of  the  order  of  1  minute. 
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The  relaxation  time  of  the  lag  of  the  main  heaters  was  estimated 
roughly  to  vary  from  about  10  minutes  near  room  temperature  to  a 
minute  or  less  at  1500°C,  being  reduced  greatly  by  radiation  through 
the  air  gap  at  the  higher  temperature.  So  much  current  passes  through 
the  main  heaters  that  a  small  percentage  variation  in  this  current  would 
quickly  vary  the  temperature  of  the  platinum  walls  if  the  lag  at  high 
temperatures  were  so  small.  For  this  reason  a  thin  platinum  radiation 
shield  was  inserted  midway  between  cores  1  and  2  for  a  length  of  12  cm 
along  the  axis,  making  the  lag  at  1500°C  more  nearly  the  same  as  that 
at  room  temperature. 

A  Leeds  and  Northrup  Speedomax  control- recorder  is  available 
for  automatic  control  of  one  temperature  degree- of- freedom  in  the 
furnace.  It  is  planned  to  place  this  control  on  the  power  generated  in 
the  center  main  heater.  The  potential  of  a  thermocouple  whose  hot 
junction  is  attached  to  the  inside  surface  of  core  2,  at  the  same  level 
as  the  sample,  will  be  opposed  by  an  adjustable  fixed  potential,  and  the 
resulting  amplified  signal  will  be  fed  into  a  saturable- core  reactor. 

The  reactance  of  the  secondary  of  the  latter  will  control  the  current  in 
the  center  main  heater.  It  is  expected  in  this  way  to  avoid  serious 
change  in  the  largest  power  source  near  the  sample,  a  change  that 
might  otherwise  vary  the  temperature  of  the  environment  of  the  sample 
too  rapidly  for  adequate  correction  by  the  center  auxiliary  heater  when 
the  sample  is  almost  ready  to  be  dropped  into  the  calorimeter. 

The  following  table  summarizes  the  estimated  dimensions  and 
extreme  electrical  characteristics  of  each  heater.  In  the  case  of  each 
heater  which  is  tapped  to  form  more  than  one  section,  the  figures  in  a 
given  column  apply  to  one  section  only.  (The  power  uniformity  of  the 
"insulation"  heater  is  not  critical,  so  core  3  was  obtained  ungrooved  at 
a  considerable  reduction  in  cost.  )  The  estimates  of  maximum  heater 
powers  are  based  on  a  steady  state. 
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Approximate  Specifications  of  Furnace  Heaters 


Heater  group  Insulation 

Main 

Main 

Aux.  , 
Center 

Aux.  , 
Top  or 
Bottom 

Aux.  , 
T op  or 
Bottom 

Individual  heater  or 
section 

- 

Center 

Top  or 
Bottom 

Any  1 
of  the  9 

Inner 

Outer 

Axial  length  (cm) 

30 

24 

8 

3-1/3 

5 

10 

Diam.  of  1  turn 
(in.  ) 

5-1/8 

2-3/4 

2-3/4 

1-1/2 

1-1/2 

1-1/2 

Pitch  of  winding 
(in.  ) 

1.  3 

1/12 

1/12 

1/4 

1/4 

1/4 

Pt  -X%  Rh;  X  = 

10 

10 

20 

10 

10 

10 

Size  of  wire  (B.  &S.  ) 

26 

20 

20 

26&20 

26 

26 

Length  of  wire, 
heater  only  (ft) 

80 

82 

27 

2.  1 

6.  2 

12.4 

Length  of  wire, 
leads  only  (ft) 

1 

1 

1 

1 

1 

1 

Ohms  of  heater 
at  100°C 

40(70°) 

10.  5 

3.  6 

0.  5 

3 

6 

Ohms  of  heater 
at  1  500  °C 

90(1100' 

’)  28 

9.  3 

1.4 

8.  5 

17 

Ohms  of  leads  at 
1000°C 

1 

0.  3 

0.  2 

0.3 

1 

1 

Max.  watts  per 
axial  cm,  100°C 

- 

2.  3 

4 

0.  3 

0.  5 

0.  7 

Max.  watts  per 
axial  cm,  1500°C 

17  <35 

<60 

4 

7.  5 

10 

Max.  watts,  heater 
only,  100 °C 

- 

56 

32 

1 

2 

7 

Max.  watts,  heater  500(1100 
only,  1500°C 

°)  850 

500 

13 

75 

200 

Min.  watts,  heater 
only,  100°C 

0 

56 

32 

0 

0 

0 

Min.  watts,  heater 
only,  1500  °C 

0 

850 

500 

0 

0 

0 

Max.  volts,  heater  + 
leads ,  1 500  °C 

200 

150 

70 

5 

30 

60 

Min.  volts,  heater  + 
leads,  100°C 

0 

25 

11 

0 

0 

0 

Max.  amperes,  2 

1 500  °C 

.4(1100° 

')  5.  5 

7.  2 

3 

3 

3.4 

Min.  amperes,  0 

2.  4 

3 

0 

0 

0 

100°C 
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Temperature  Measurement 


The  decision  to  use  platinum- rhodium  thermocouples  to  measure 
the  temperatures  of  the  furnace,  and  thereby  the  sample,  was  dis¬ 
cussed  in  Section  I. 

At  high  temperatures  the  conventional  Pt  vs  Pt  -  10%  Rh  thermo¬ 
couple  has  certain  practical  disadvantages  which  have  led  some  to 
advocate  the  substitution  of  platinum  "legs"  with  higher  percentages  of 
rhodium  (e.  g.  ,  Pt  -6%  Rh  vs,  Pt  -30%  Rh  [ll]  and  Pt  -20%  Rh  vs. 

Pt  -40%  Rh  [12]  .  Such  thermocouples  have  been  found  to  maintain 
their  calibrations  for  comparable  periods  of  time  at  temperatures  some 
300  deg.  C  higher  than  the  Pt  vs.  Pt  -10%  Rh  couples.  But  without 
having  further  information  it  was  feared  that  there  might  be  dis¬ 
advantages  in  striving  for  the  highest  accuracy  up  to  1500°C  that  would 
be  unimportant  in  some  applications.  A  number  of  persons  in  various 
parts  of  the  country  who  were  known  to  have  had  considerable  critical 
experience  with  high- temperature  thermocouples  were  consulted  in 
this  regard. 

The  following  additional  facts  constitute  a  summary  of  the 
pertinent  information  brought  out  by  this  inquiry. 

1.  The  pure- platinum  wires  of  a  thermocouple  are  ordinarily 
weakened  by  grain  growth  at  temperatures  around  1500°C  much  more 
than  wires  of  the  alloys  containing  rhodium.  In  the  present  case,  how¬ 
ever,  provision  is  made  to  recalibrate  the  couples  in  place  without 
their  being  removed,  so  the  reduced  strength  may  be  only  a  minor 
handicap. 

2.  The  Pt  vs.  Pt  -10%  Rh  thermocouple  constructed  of  wire  of 
high  standards  has  been  found  not  to  change  its  calibration  excessively  - 
only  by  something  like  1/4  deg.  C  during  6  hr.  at  1450 °C. 

3.  More  rhodium  distils  out  of  Pt  -30%  Rh  than  Pt  -  10%  Rh 
(probably  through  preferential  oxidation  of  the  rhodium)  in  the  range 
400°  to  800  °C.  While  both  types  of  couple  may  have  highly  homogeneous 
leads  to  start  with,  the  opinion  was  expressed  that  due  to  this  fact 
serious  inhomogeneities  in  the  regions  of  large,  poorly  reproduced 
temperature  gradients  would  develop  faster  in  the  couples  of  higher 
rhodium  content. 

4.  One  person  stated  that  there  is  evidence  that  Pt  -30%  Rh  is 
difficult  to  obtain  completely  homogeneous. 

5.  It  was  thought  that  the  couples  containing  more  rhodium  have 
particular  advantage  against  rapid  changes  in  calibration  when  the 
wires  must  be  small,  but  that  wires  of  diameter  0.  025"  (as  adopted  in 
the  present  case)  would  be  more  stable,  for  a  given  rhodium  content. 

6.  Compared  with  the  Pt  vs.  Pt  -10%  Rh,  the  Pt  -6%  Rh  vs. 

Pt  -30%  Rh  thermocouple  has  a  considerably  smaller  temperature 
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coefficient  of  EMF  below  about  500 °C.  This  is  advantageous  when  one 
is  permitted  to  have  the  standard  junction  at  room  temperature  (for 
less  accurate  work),  but  is  not  advantageous  when,  as  here,  a  good  ice 
bath  is  used.  In  fact,  the  smaller  temperature  coefficient  may 
actually  impair  the  precision  slightly  at  the  lower  furnace  temperatures. 
The  Pt  -20%  Rh  vs.  Pt  -40%  Rh  thermocouple  is  much  less  temperature- 
sensitive  at  all  temperatures,  especially  near  room  temperature. 

7.  A  great  deal  of  experience  with  the  Pt  vs.  Pt  -  10%  Rh  couple 
has  been  accrued  by  many  investigators  and  for  many  years,  not  only 
as  to  stability  but  also  through  numerous  comparisons  with  other 
temperature  standards.  In  fact,  the  International  Temperature  Scale 
specifies  that  this  thermocouple  be  the  standard  means  of  interpolation 
of  temperature  from  630.  5°  to  1063.  0°C  [4,  13]  .  In  contrast,  there 
is  not  yet  a  standard  method  of  interpolation  for  the  other  Pt-Rh 
thermocouples.  One  person  stated  that  one  currently  used  inter¬ 
polation  table  for  one  of  the  less  conventional  Pt-Rh  thermocouples  is 
2  deg  C  in  error  at  1200°C. 

In  view  of  the  above  facts  it  was  recommended  to  the  authors  that 
the  Pt  -6%  Rh  vs.  Pt  -30%  Rh  thermocouple  would  seem  preferable  if 
only  temperatures  above  1300  °C  were  to  be  measured,  but  that  for 
temperatures  below  1300°C  or  for  one  installation  measuring 
temperatures  from  0°  to  1500°C  (as  in  the  present  case)  the  Pt  vs. 

Pt  -10%  Rh  thermocouple  seems  preferable.  The  latter  type  of 
thermocouple  was  adopted.  Wire  of  the  highest  attainable  specifications 
as  to  purity,  homogeneity,  and  thermoelectric  properties  was  obtained 
from  the  Sigmund  Cohn  Corporation,  of  Mount  Vernon,  New  York,  who 
had  annealed  the  pure  Pt  at  500°C  and  the  Pt  -10%  Rh  at  1450°C.  While 
it  has  been  found  [14]  that  further  annealing  of  the  pure  Pt  up  to 
1450  °C  produces  a  small  additional  change  in  its  thermoelectric 
calibration,  it  was  advised  that  this  step  be  omitted  for  working 
thermocouples  to  be  used  continuously,  because  of  the  mechanical 
weakening  produced. 

It  is  planned  to  keep  one  or  two  "standard"  Pt  vs.  Pt  -10%  Rh 
thermocouples  for  calibration  purposes  only.  These  may  be  cali¬ 
brated  at  the  gold  point  (1063  °C)  when  necessary,  and  will  have  brief 
exposure  to  high  temperatures,  such  as  1500°C,  only  during 
occasional  comparison  with  each  of  the  experience  in  this  laboratory 
and  the  advice  of  others,  it  is  believed  that  a  Pt  vs,  Pt  -  10%  Rh 
thermocouple  will  tend  to  change  its  calibration  more  or  less  in  pro¬ 
portion  to  temperature,  so  that  the  change  found  at  the  gold  point 
alone  will  be  an  index  of  whether  appreciable  change  has  probably 
occurred  at  other  temperatures. 

A  calculation  was  made  of  the  efficiency  of  tempering  the 
thermocouple  leads,  to  see  whether  enough  heat  might  be  removed  from 
the  hot  junction  to  make  its  temperature  appreciably  in  error.  The 
calculation  was  made  specifically  for  a  junction  in  a  gold  bath,  but  is 
indirectly  applicable  to  the  temperature  measurements  of  the  funace 
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near  the  sample.  Leads  of  0.  6  mm  (0.  025M)  diameter  were  assumed 
to  have  an  average  spacing  (air- filled)  of  0.2  mm  from  the  inside 
walls  of  ceramic  insulating  tubes,  heat  transfer  was  assumed  to  be  by- 
conduction  only  (predominant  over  radiation  at  1063°C  with  the  small 
spacing  involved),  the  insulated  leads  were  assumed  to  run  down  the 
axis  of  the  furnace,  and  the  center  part  of  the  furnace  was  assumed  to 
have  an  axial  temperature  gradient  of  1  deg  per  cm.  At  1063  °C  it  was 
calculated  that  the  hot  thermocouple  junction  would  be  colder  than  its 
environment  depending  on  the  immersion  as  follows:  almost  no 
immersion,  1  deg  C;  1  cm  immersion,  0.04  deg  C;  2  cm  immersion, 
0.003  deg  C;  3  cm  immersion,  0.  0002  deg  C.  Under  these  conditions 
an  immersion  of  2  or  3  cm  is  thus  adequate.  With  a  different  spacing, 
the  distance  of  immersion  required  to  achieve  a  given  closeness  of 
temperature  is  proportional  to  the  square  root  of  the  linear  gap 
separating  the  wire  from  the  object  whose  temperature  is  being 
measured. 

As  stated  before,  there  is  one  thermocouple  measuring  junction 
in  the  center  of  each  of  the  17  heaters  or  heater  sections  indicated  in 
Figs.  3  and  4.  Many  of  these  thermocouples  could  have  been  of  the 
differential  type,  with  the  advantage  that  the  less  stable  Pt  -10%  Rh 
need  not  run  through  the  large  temperature  gradients  in  order  to  reach 
ice  junctions  outside  the  furnace.  However,  it  was  considered  an 
advantage  that  all  the  thermocouples  be  of  the  absolute  type,  each 
having  its  own  ice  junction,  so  that  they  would  to  some  extent  serve  as 
checks  on  one  another  in  measuring  the  mean  temperature  of  the 
samples.  The  trouble  of  reading  a  number  of  thermocouples  with 
differences  in  calibration  values  is  avoided  by  introducing  potentio- 
metrically  a  small  known  potential,  or  "bias”,  in  series  with  each 
thermocouple,  as  shown  in  Fig.  6.  Each  of  these  bias  potentials  can 
be  connected  separately  across  the  potentiometer,  and,  according  to 
the  calibration  value  of  that  thermocouple  at  the  furnace  temperature 
in  question.,  can  be  so  adjusted  that  all  the  thermocouples  on  cores  1 
and  2  give  the  same  reading  at  the  same  temperature.  Rapid  operation 
of  the  selector  switches  then  permits  successive  readings  of  all  the 
most  important  thermocouples  against  a  given  potentiometer  setting, 
from  the  galvanometer  deflections  alone. 

The  thermocouple  junctions  adjacent  to  the  main  and  "insulation" 
heaters  are  "tied  down"  thermally  by  being  welded  to  thin  bands  of 
Pt  -10%  Rh  fitting  snugly  inside  the  respective  ceramic  cores.  On  the 
other  hand,  the  thermocouples  for  the  auxiliary  heaters  (those  inside 
core  1)  run  the  length  of  the  furnace,  one  lead  passing  out  the  top  and 
the  other  out  the  bottom,  with  the  use  of  a  single  alumina  tube  of  1/16" 
ID.  According  to  the  previously  discussed  calculation  on  tempering, 
the  small  axial  temperature  gradient  in  the  center  region  of  the  furnace 
should  obviate  appreciable  error  in  the  readings  of  the  thermocouples 
whose  junctions  are  located  there.  The  platinum  liner  could  have  been 
used  as  the  platinum  return  lead  for  all  thermocouples  inside  it,  but 
this  procedure  has  the  disadvantage  that  the  platinum- rhodium  leads 
of  two  or  more  thermocouples  could  become  shorted  to  one  another  with¬ 
out  giving  different  readings  that  would  reveal  the  consequent  error. 
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An  electrical  "insulator"  such  as  the  alumina  constituting  the 
cores  and  insulating  tubes  of  the  new  furnace  can  cause  error  in 
thermocouple  readings  through  its  increasing  electrical  conduction  at 
higher  temperatures.  One  common  source  of  error  of  this  type  in 
high- temperature  furnaces  arises  when  the  electric  heaters,  in  which 
large  potential  drops  exist,  cause  leakage  to  a  thermocouple  lead 
either  through  the  presence  of  a  D.C.  component  in  the  heating  current 
or  through  a  preferential  rectifying  action  of  the  insulating  material. 
However,  in  the  new  furnace  a  platinum  liner  runs  the  length  of  the 
furnace  and  shields  against  such  an  error  by  shorting  out,  and  hence 
greatly  reducing,  any  potential  which  would  otherwise  be  imposed  by 
the  heaters  acting  through  the  alumina  on  the  thermocouple  leads. 

Another  potential  source  of  error  through  electrical  conductivity 
of  alumina  would  not  be  prevented  by  the  platinum  liner;  this  is  the 
shorting  to  each  other  of  the  leads  of  a  thermocouple  in  regions  at 
temperatures  different  from  that  of  the  junction  but  sufficiently  high  to 
give  appreciable  electrical  conductivity.  The  effect  would  be  the  same 
as  if  an  infinite  number  of  thermocouples  with  junctions  at  various 
temperatures  were  connected  in  parallel,  the  leads  all  having  high 
resistance  except  two. 

A  calculation  was  made  to  find  the  order  of  magnitude  of  this 
error  in  case  the  two  (insulated)  leads  of  the  thermocouple  ran  side  by 
side  and  the  junction,  in  the  center  of  the  furnace,  were  at  1500  °C.  It 
was  found  that  the  thermocouple  would  indicate  too  low  a  temperature 
by  0.  01  R  deg  C,  where  R  is  the  ratio  of  the  width  of  the  alumina 
perpendicular  to  the  plane  through  the  two  wires  to  the  width  in  the 
plane  of  the  wires.  For  the  two  insulating  tubes  side  by  side,  R  would 
presumably  be  of  the  order  of  unity,  and  for  separated  leads  R  would  be 
less  than  unity,  so  that  the  error  would  seem  to  be  negligible. 

However,  the  results  of  such  a  calculation  depend  strongly  on  the 
specific  electrical  resistivity  of  the  insulating  material,  and  this  in 
turn  will  vary  from  one  sample  of  material  to  another,  depending  on  its 
purity  and  other  factors.  The  above  calculation  was  based  on  a  specific 
resistivity  of  the  alumina  of  10^  ohm- cm  at  1500°C,  a  figure  found  by 
extrapolation  from  the  linear  relation. 

L°gl0  R0  =  (12, 000/ T)  -  2.8, 

which  was  plotted  for  the  range  870°  to  1060  °C  only  [15]  .  (T  is  deg 
K.  ).  At  500  °C  this  equation  gives  log  Rq  =  12.7.  However,  more 
recent  investigators  have  found  values  of  6.  5  to  10.  5  for  various 
aluminas  and  11  for  sapphire  [16]  ;  according  to  these  results  in  the 

error  might  well  be  many  times  as  great  as  the  calculation  in  the  pre¬ 
ceding  paragraph  indicates,  if  the  two  leads  are  side  by  side. 

The  decision  to  run  the  two  leads  out  opposite  ends  of  the  furnace 
and  to  space  the  thermocouples  as  far  apart  azimuthally  as  possible 
may  provide  an  additional  margin  of  safety.  At  least  it  is  hoped  that 
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any  such  error  will  be  sufficiently  constant  that  it  will  effectively 
cancel  out  when  each  thermocouple  located  in  a  fixed  position  is 
calibrated  by  the  juxtaposition  of  a  standard  thermocouple.  The 
insulators  of  the  leads  of  the  latter  do  not  need  to  touch  the  metal 
walls. 


IV.  PROGRESS  OF  CONSTRUCTION,  AND  FUTURE  PLANS 

At  the  time  of  this  writing,  the  greater  part  of  the  apparatus 
described  in  the  preceding  sections  has  been  constructed.  The  ice 
calorimeter  and  connecting  accessories  were  completed.  A  typical 
ice  mantle  was  then  frozen,  and  the  heat- leak  of  the  calorimeter  which 
was  observed  at  intervals  over  a  period  of  two  days  was  found  to 
correspond  to  a  net  absorption  of  between  1  and  2  calories  per  hour, 
a  rate  small  enough  to  be  followed  accurately  by  only  an  occasional 
reading.  The  rate  appeared  to  be  quite  constant,  a  requisite  of 
accurate  interpolation  during  a  run  when  a  sample  is  evolving  heat  to 
the  calorimeter  so  that  the  heat  leak  cannot  be  followed. 

After  several  days  the  calorimeter  developed  a  leak  where  the 
inner  glass  vessel  was  sealed  by  wax  to  the  metal  cap  (J,  Fig.  1). 
Disassembly  of  the  glass  parts  indicated  that  the  leak  had  probably 
developed  because  friction  had  scraped  most  of  the  wax  off  one  side  of 
the  ground  glass.  The  glass  surface  was  ground  down  so  as  to  increase 
the  average  gap  between  glass  and  metal  from  0.002"  to  0.  006",  in  an 
effort  to  prevent  a  recurrence  of  an  imperfect  wax  gap.  The  calori¬ 
meter  was  then  reassembled,  evacuated,  and  filled  with  distilled,  air- 
free  water  and  triply  distilled  mercury  in  the  usual  way.  This  second 
assembly  seems  satisfactory. 

All  the  wiring  external  to  the  furnace  has  been  completed  except 
further  needed  refinement  of  the  control  circuit  so  as  to  give  sufficient 
sensitivity  in  controlling  the  temperature  near  the  center  main  heater. 
The  metal  boundaries  of  the  furnace  have  been  constructed.  All  other 
parts  of  the  furnace  are  on  hand,  but  have  been  only  partly  assembled. 
Winding  the  platinum- rhodium  heater  wires  on  the  cores  is  almost 
done. 


It  is  unfortunate  that  by  the  time  of  this  writing,  the  development 
of  the  apparatus  has  not  progressed  to  the  stage  where  it  could  have 
been  given  a  complete  test  of  operation.  To  be  sure  the  new  apparatus 
has  certain  features  in  common  with  other  calorimeters  and  furnaces, 
and  careful  design  can  provide  considerable  confidence  in  what  its 
general  performance  will  be.  Yet  invariably  in  developing  new 
apparatus  there  are  elusive  factors  which  can  be  evaluated  fully  only 
in  operation.  Undoubtedly  many  features  described  on  previous  pages 
of  this  report  will  prove  satisfactory,  while  others  will  need  modifi¬ 
cation  as  indicated  by  experience  in  operation.  The  authors  hope  these 
modifications  will  be  minor  and  can  be  easily  made. 

Regardless  of  the  future  program  employing  the  new  apparatus, 
the  first  measurements  of  heat  content  will  be  on  standard- sample 
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"synthetic  sapphire"  (pure  polycrystalline  alpha  aluminum  oxide).  At 
furnace  temperatures  below  900  °C,  these  measurements  will  be 
directly  comparable  with  the  same  measurements  on  the  same  material 
made  earlier  in  this  laboratory  with  two  other  "drop- method" 
apparatuses  [3,  10]  .  This  will  provide  an  overall  check  on  the 
operation  of  the  apparatus  in  the  lower  temperature  range.  In  sub¬ 
sequent  measurements  on  aluminum  oxide  above  900  °C  the  aim  is  to 
extend  values  on  this  material  as  a  heat  capacity  standard  from  900°  to 
1500  °C. 
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SUPPLEMENTARY  DISCUSSION 


The  operational  experience  acquired  by  the  authors  with  the 
furnace  during  the  two  or  three  years  since  this  report  was  written 
has  led  to  several  alterations  in  design  which  materially  faciliate  the 
main  purpose  of  the  furnace,  namely,  the  control  and  accurate 
measurement  of  the  sample  temperature. 

The  platinum  cylinder  of  0.  04  in.  wall  thickness  directly 
surrounding  the  sample  was  replaced  by  one  three  times  as  thick.  The 
gain  in  temperature  uniformity  achieved  thereby  (or  by  a  still  thicker 
wall  if  space  had  permitted)  is  well  worth  the  additional  cost  of  a  high- 
precision  design  of  this  type.  In  addition,  the  moderate  precaution 
exercised  in  striving  for  azimuthal  symmetry  around  the  furnace  axis 
(mainly  through  uniformity  of  core  thickness  and  of  heater- wire  close¬ 
ness  of  contact  with  the  wall)  proved  to  have  made  the  use  of 
azimuthally  biased  heaters  entirely  unnecessary.  (The  design  of 
azimuthal  heaters  described  in  the  report,  believed  to  be  novel,  should 
be  of  value  in  less  favorable  or  more  exacting  installations.  )  As  a 
result  of  these  advantages,  the  number  of  independently  controlled 
heaters  on  the  important  innermost  furnace  core  was  reduced  from  13 
to  3,  with  a  corresponding  reduction  in  the  number  of  thermocouples  to 
minitor  them.  The  resulting  reduction  of  human  labor  in  controlling 
and  measuring  numerous  temperatures  proved  to  be  indispensable. 

This  was  especially  true  when  it  was  discovered  that,  owing  to  large 
power  input  and  output  at  higher  temperatures  and  to  lower  thermal 
inertia  than  expected  (lack  of  massive  core  parts),  any  one  tempera¬ 
ture  often  began  drifting  rapidly  without  due  warning.  These  facts 
indicate  the  desirability  of  using  a  separate  automatic  temperature 
control  for  each  heater.  Present  plans  call  for  use  of  a  three- mode 
control  on  the  heater  closest  to  the  sample,  and  simple  inexpensive 
proportional- type  controls  on  the  other  heaters. 

Operational  experience  with  the  furnace  has  shown  also  that  two 
precautions  discussed  in  the  report  deserve  being  emphasized, 
especially  since  it  has  become  apparent  that  many  other  designers  of 
calorimetric  apparatus  tend  to  forget  them  and  "hope  for  the  best". 
First  is  the  need  for  close,  dependable  thermal  contact  between  every 
major  thermocouple  junction  and  the  object  whose  temperature  is  to  be 
measured.  Second  is  the  practical  advantage  of  a  design  which  permits 
as  many  parts  of  the  apparatus  as  possible  to  be  disassembled  for 
repair  or  changes  without  disturbing  other  parts. 
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Figure  1  --  Ice  Calorimeter, 

Connecting  Accessories,  and 
Braking  Mechanism 

A,  braking  mechanism;  B,  weight  for  calibrating  spring;  C,  eye  for 
damping  oscillations;  D,E,  sample  suspension  wire  and  attached  wire; 

F,  calorimeter  well;  G,  helium  inlet  to  furnace;  H,  mercury  tempering 
coil;  I,  J,  metal  covers;  K,  calorimeter  fins;  L,  copper  shell;  M,  sample 
container;  N,  safety  stop;  P,  jacket  space;  Q,  mercury;  R,  air-free  water; 
S.  location  of  surrounding  ice  bath;  T,  gas  inlet  to  calorimeter;  U,  tube 
for  evacuating  jacket  space;  V,  mercury  reservoir;  W,  glass  capillary, 
scale;  X,  "mercury"  valve;  Y,  beaker  of  mercury;  X,  opening  for  varying 
pressure  on  mercury  meniscus;  A',  gas  bubbler;  B',  flowmeter; 

C',  platinum  shields;  D’,  E',  glass  envelopes 
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Figure  3  --  Furnace 
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Figure  4  -  -  Center  Auxiliary  Heater  (schematic) 
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Figure  6  --  A  thermocouple  and  Its  Bias  (wiring  diagram) 
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abstract 

The  present  series  of  measurements  of  heat  capacity  and  heat  of  vaporization 
of  water  in  the  range  0°  to  100°  C  have  been  made  to  provide  greater  certainty 
in  the  values  of  the  specific  heat  of  water  for  calorimetric  purposes  and  also  to 
provide  greater  reliability  in  the  values  of  enthalpy  and  the  other  derived  proper¬ 
ties  for  use  in  steam  tables. 

To  insure  the  desired  accuracy  in  the  specific-heat  determinations,  complete 
new  calorimetric  equipment  was  designed  and  built.  The  same  fundamental 
principles  of  fluid  calorimetry  by  the  electric-heating  method  were  used  as  in 
previous  measurements  extending  from  0°  to  374°  C.  In  the  present  case,  the 
limited  range  of  temperature  and  pressure  allowed  greater  freedom  of  design 
to  provide  for  higher  accuracy  in  measurements.  Heat  leak  was  accounted  for 
by  observation,  although  it  was  kept  practically  nil  by  insulation  and  by  thermal 
control  of  the  envelope. 

Temperature  uniformity  in  the  calorimeter  was  secured  by  an  efficient  circula¬ 
tion  pump.  Temperature  uniformity  in  the  envelope  was  secured  by  a  con¬ 
trollable  saturated-steam  bath.  Temperatures  were  measured  by  platinum 
resistance  thermometers  supplemented  with  numerous  thermoelements.  Heat 
added  was  measured  electrically.  The  process  of  evaporation  was  closely  con¬ 
trolled  by  manipulation  of  a  sensitive  throttle  valve. 

From  256  heat-capacity  experiments  and  152  vaporization  experiments,  as 
finally  reduced  and  formulated,  there  was  obtained  a  group  of  properties  of 
water  comprising  specific  heat,  enthalpy  of  both  liquid  and  vapor,  heat  of  vapor¬ 
ization,  and  specific  volume  of  saturated  vapor  in  the  range  0°  to  100°  C. 

The  values  of  specific  heat  have  been  compared  with  values  from  several 
important  researches  by  both  the  mechanical  and  the  electrical  method.  This 
comparison  show's  a  more  satisfactory  accord  of  the  present  results  with  the 
results  of  Rowland,  of  Labv  and  Hercus,  and  of  Jaeger  and  von  Steinwehr,  than 
with  those  of  Callendar  and  Barnes. 
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Part  1.  A  Calorimeter  for  Measuring  the  Heat  Capacity  and  Heat 
of  Vaporization  of  Water  in  the  Range  0°  to  100°  C 


I.  INTRODUCTION 

The  principal  purpose  of  the  calorimeter  described  here  was  to 
provide  for  a  systematic  determination  of  the  heat  capacity  of  water 
from  0°  to  100°  C.  A  secondary  purpose  was  to  provide  for  a  deter¬ 
mination  of  the  heat  of  vaporization  over  the  same  range.  It  was 
desired  to  obtain  new  experimental  data  on  these  properties  to  remove, 
if  possible,  some  of  the  existing  uncertainty.  Of  the  earlier  deter¬ 
minations  of  the  specific  heat  of  water,  some  are  limited  in  range  and 
the  degree  of  accord  is  unsatisfactory.  The  measurements  which 
have  been  completed,  and  which  are  described  in  part  2  of  this  report, 
were  in  part  repetitions  of  previous  measurements  made  in  this  lab¬ 
oratory.  These  previous  determinations  of  the  heat  capacity  of  water 
were  made  for  the  purpose  of  obtaining  data  on  the  properties  of 
saturated  steam,  using  a  calorimeter  designed  to  operate  at  pressures 
up  to  1,200  lb/in2.  While  the  values  obtained  for  enthalpy  of  liquid 
water  were  of  adequate  precision  for  use  in  compiling  steam  tables  for 
engineering  purposes,  the  derived  values  of  specific  heat  in  the  range 
below  100°  C  were  not  sufficiently  accurate  for  use  as  calorimetric 
standards. 

In  providing  apparatus  for  a  resurvey  of  the  heat  capacity,  the 
moderate  range  of  pressure  between  0°  and  100°  C  allowed  more 
freedom  of  design  to  avoid  sources  of  experimental  error.  The  design 
also  provided  for  the  determination  of  the  heat  of  vaporization  from 
0°  to  100°  C.  The  results  of  these  measurements  are  given  in  part  3. 
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WSrms°n’]  Specific  and  Latent  Heat  of  Water,  0°  to  100°  C 


II.  GENERAL  DESCRIPTION  OF  METHOD  AND 
APPARATUS 


The  principles  of  the  method  used  in  the  measurements  have  been 
described  in  previous  publications  [l],1  and  therefore  are  not  repeated 
in  detail  in  this  report.  This  method  was  applied  previously  [2,  3]  to 
measurements  on  saturated  water  and  saturated  steam  from  0°  to 
374°  C.  The  description  given  here  includes  mention  of  both  the 
heat-capacity  and  the  vaporization  measurements. 

The  apparatus  consists  essentially  of  a  calorimeter  in  which  a 
sample  of  water  may  be  so  isolated  from  other  bodies  as  to  enable  its 
amount,  state,  and  energy  to  be  accounted  for.  The  sample  may  be 
made  to  pass  through  a  chosen  definite  change  in  state  while  the  accom¬ 
panying  gain  or  loss  of  energy  is  being  determined. 

A  quantity  of  water,  part  liquid  and  part  vapor,  is  enclosed  in  a 
metal  calorimeter  shell.  An  electric  heater  immersed  in  the  water 
provides  a  means  of  adding  measured  energy  to  the  calorimeter  and 
its  contents.  Outlets  with  valves  provide  for  filling  and  emptying 
the  calorimeter  and  for  withdrawing  vapor.  Detachable  receivers 
suitable  for  weighing  are  connected  to  the  outlets  to  hold  the  samples 
of  water  transferred. 

For  confining  the  energy,  the  calorimeter  is  well  insulated  from  the 
influence  of  external  sources  of  heat.  In  operation,  the  temperature 
of  an  enveloping  shell  is  kept  very  close  to  that  of  the  calorimeter  shell. 
The  small  amount  of  heat  which  passes  by  leakage  to  or  from  the 
calorimeter  is  taken  into  account. 

Two  general  types  of  experiments  were  made  with  this  calorimetric 
apparatus.  In  the  first  type  (heat-capacity  measurements)  the 
calorimeter  with  a  sample  of  water  was  heated  over  a  measured  tem¬ 
perature  range.  By  making  some  experiments  with  the  calorimeter 
nearly  full  of  liquid  water  and  others  with  it  nearly  empty  of  liquid, 
it  is  possible  to  account  for  the  tare  heat  capacity  of  the  calorimeter, 
and  to  obtain  the  change  of  a  quantity  called  alpha,  a,  which  is  a 
property  of  the  water  alone.  It  previously  has  been  shown  in  the 
theory  [1]  that  this  quantity,  a,  differs  from  the  enthalpy,  or  heat  con¬ 
tent,  II,  of  saturated  liquid  water  by  another  quantity  beta,  /3.  In 
other  words, 

a =11 — /3. 


The  quantity  d  has  been  shown  to  be 


&=L-j 


U  rn  dP 
u —u  al 


where  L  is  the  heat  of  vaporization,  u  is  the  specific  volume  of  satu¬ 
rated  liquid,  u'  is  the  specific  volume  of  saturated  vapor,  T  the 
absolute  temperature,  and  dP]dT  is  the  vapor-pressure  derivative. 
In  the  previous  experiments  the  quantity  j3  was  measured  calorimet- 
rically  at  higher  temperatures,  but  between  0°  and  100°  C  it  is  so 
small  that  its  value  can  be  calculated  from  liquid-volume  and  vapor- 
pressure  data  with  greater  accuracy  than  can  be  obtained  by  calori¬ 
metric  measurements. 

1  Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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The  second  type  of  experiment  (vaporization)  made  with  this  calorim¬ 
eter  is  virtually  an  isothermal  process.  Heat  is  supplied  to  evap¬ 
orate  a  sample  of  water  which  is  withdrawn  from  the  calorimeter  at 
a  controlled  rate,  collected,  and  weighed.  From  this  experiment, 
there  is  obtained  a  value  of  a  quantity  gamma,  7,  which  differs  from 
the  latent  heat  of  vaporization,  L,  by  the  same  quantity,  (3,  mentioned 
above.  In  other  words, 

7  =  Z  +  /3. 

III.  APPARATUS 

The  essential  features  of  this  calorimeter  may  be  explained  by 
reference  to  a  schematic  diagram,  figure  1,  which  shows  the  metal 
calorimeter  shell,  C,  containing  a  water  sample;  an  electric  heater,  II ; 


VAC 


Figure  1. — Schematic  diagram  of  calorimetric  apparatus. 


C,  calorimeter  shell;  II,  electric  heater;  P,  water  circulating  pump;  R,  reference  block;  S,  saturated  steam 
bath;  SR,  steam  receiver;  TV,  throttle  valve;  U,  union;  V,  valve;  VAC,  vacuum  line;  WC,  water 
container. 


and  a  water-circulating  pump,  P.  This  shell  is  supported  within  an 
evacuated  space  which  is  surrounded  by  a  controlled  bath,  S,  of 
saturated  water  vapor,  hereafter  called  the  steam  bath,  which  shields 
it  against  heat  exchange  with  the  surroundings.  Provision  is  made 
for  the  introduction  of  a  water  sample  from  the  water  container,  WC, 
into  the  calorimeter,  or  the  withdrawal  of  saturated  vapor  through 
the  throttle  valve,  TV,  into  the  glass  receiver,  SR.  The  calorimeter 
and  flow  lines  may  be  evacuated  through  lines  VAC.  The  reference 
block,  R,  provides  a  temperature  datum  determined  by  a  platinum 
resistance  thermometer.  Auxiliary  thermoelements  are  used  for 
measuring  temperatures  on  the  calorimeter  shell  and  its  surroundings, 
relative  to  this  datum.  The  reference  block  is  located  in  an  inclosure 
surrounded  by  an  extension  of  the  steam  bath.  The  calorimeter  and 
the  essential  parts  are  shown  in  detail  in  the  scale  drawings,  figures 
2  and  3.  Figure  2  shows  more  of  the  calorimeter  detail,  whereas 
figure  3  shows  more  of  the  accessory  parts. 


280/200 


Specific  and  Latent  Heat  of  Water,  0°  to  100°  C 


1.  CALORIMETER  SHELL  AND  INCLUDED  PARTS 

The  purpose  of  the  calorimeter  shell  shown  at  C  is  to  hold  the  sample 
of  water  whose  thermal  properties  are  being  determined.  The  shell 
was  made  nearly  spherical  in  shape  for  compactness  and  calorimetric 
efficiency.  It  was  spun  from  pure  copper  and  has  a  thickness  of 
about  0.55  mm.  The  two  hemispherical  ends  were  joined  by  solder, 


VAC 


Figure  2. — Scale  drawing  of  calorimeter. 

B,  gauze  baffle;  C,  calorimeter  shell;  E,  envelope  shell;  HI,  calorimeter  heater;  112,  steam  bath  heater 
H3,  reference  block  heater;  Hi,  throttle  valve  heater;  JT,  J 5,  etc.,  thermoelement  principal  junctions; 
PI,  P2,  pump  propellers;  PC,  pump  casing;  PG,  pump  guides;  R,  reference  block;  S,  saturated  steam 
bath;  T,  resistance  thermometer;  TV,  throttle  valve;  VAC,  vacuum  line;  Wl,  condenser. 
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Figure  3. — Scale  drawing  of  calorimetric  apparatus. 

C,  calorimeter  shell;  E,  envelope  shell;  G,  guard;  HI,  calorimeter  heater;  H2,  steam  bath  heater;  H5,  guard 
heater;  PI,  P2,  pump  propellers;  R,  reference  block;  S,  saturated  steam  bath;  SB,  stuffing  box;  SR,  steam 
receiver;  TV,  throttle  valve;  XJ,  union;  VAC,  vacuum  line;  W 1,  condenser;  H'2,  condenser;  H'3,  cooling 
water  tubes;  1K4,  cooling  water  chamber;  WC,  water  container. 
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with  a  narrow  cylindrical  copper  band  at  the  equatorial  zone.  As 
assembled  with  the  various  parts  in  place,  the  shell  has  a  capacity  of 
1,190  cm3. 

Two  tubes  connected  axially  at  the  top  and  bottom  of  the  calorim¬ 
eter  shell  are  designated  as  the  "upper  tube”  and  "lower  tube”, 
respectively.  These  tubes  serve  for  the  transfer  of  fluid  to  and  from 
the  calorimeter  and  to  hold  the  calorimeter  shell  in  place. 

All  surfaces  of  the  calorimeter  shell  and  the  parts  inside  were  gold- 
plated.  The  outer  surface  of  the  shell  was  polished  to  reduce  heat 
transfer  by  radiation.  Eight  thermoelement  junctions,  J,  distributed 
over  the  outer  calorimeter  surface  were  used  in  the  evaluation  of  calo¬ 
rimeter  temperature,  as  described  later  in  the  section  "Thermometric 
installation.” 

The  circulating  pump  consists  of  two  screw  propellers,  shown  at 
PI  and  P2,  and  a  system  of  guides  to  direct  flow.  The  larger  pro¬ 
peller,  PI,  performed  most  of  the  work  in  circulating  water,  while  the 
smaller  propeller,  P2,  was  used  to  avoid  stagnation  in  the  extreme 
bottom  of  the  calorimeter.  The  specially  designed  blades  of  the  larger 
propeller  were  formed  from  sheet  copper  and  soldered  to  a  hub  of 
brass,  all  plated  with  gold  and  polished.  The  two  propellers  were 
fastened  to  a  phosphor-bronze  pump  shaft,  which  was  squared  at  its 
lower  end  so  that  it  could  be  engaged  from  below  by  a  shaft  extension. 

In  addition  to  the  propellers,  there  is  a  system  of  guides  designed  to 
direct  flow  and  increase  the  pumping  efficiency.  The  liquid  water 
flows  downward  next  to  the  inner  surface  of  the  calorimeter  shell  and 
is  directed  by  radial  guides  at  the  bottom  so  that  the  water  flows 
without  swirl  past  the  heater  into  the  propellers.  The  water  from 
the  propeller  is  guided  upward  by  a  casing,  PC,  and  by  guide  vanes 
PG,  curved  to  remove  the  swirl  imparted  to  the  water  by  the  propeller. 

The  pump  guides  form  a  rigid  framework  which  supports  the  two 
pump  bearings  and  the  electric  heater,  ILl.  The  downward  thrust 
on  the  pump  shaft  is  taken  on  a  copper-nickel  washer  located  just 
below  the  small  propeller,  P2.  This  whole  pump  framework  is  held 
down  against  the  calorimeter  shell  by  a  threaded  connection  to  a 
short  piece  of  the  lower  outlet  tube  which  extends  into  the  calorimeter. 

The  electric  heater  shown  at  HI  is  an  insulated  resistor  encased  in 
a  coiled  metal  tube  sealed  hermetically  through  the  shell.  It  consists 
of  about  107  ohms  of  a  chromium-nickel-alloy  wire,  0.2  mm  in  diameter 
with  0.4-mm  copper  leads.  This  resistor  was  wound  in  helical  form, 
0.6-mm  outside  diameter,  and  embedded  in  magnesia  for  insulation. 
The  resistor  with  leads  was  sheathed  in  a  copper  tube  drawn  down 
tightly  on  the  magnesia  to  an  outside  diameter  of  about  2  mm.  This 
sheathed  resistor  was  then  bent  to  form  a  flat  spiral  of  five  turns,  the 
largest  being  6  cm  in  diameter.  This  coil  was  fastened  in  slots  in  the 
metal  guides  just  below  the  large  circulating  pump  propeller,  PI. 
The  resistor  is  so  located  as  to  concentrate  the  heating  in  the  region 
just  below  the  large  propeller.  The  leads  extending  out  from  the 
envelope  shell,  both  for  current  and  potential  connections,  were  made 
like  the  leads  of  the  sheathed  resistor. 

For  measuring  the  potential  drop  in  the  calorimeter  heater,  two 
potential  leads  were  joined  to  the  current  leads  where  they  cross  the 
vacuum  space  between  the  calorimeter  shell  and  the  envelope.  These 
junctions  were  located  to  include  in  the  measured  electric-energy  input 
that  part  of  the  heat  developed  in  the  leads,  which  went  to  the  calorim- 
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eter.  Choice  of  suitable  proportions  of  the  leads  in  this  boundary 
region  of  the  calorimeter  was  a  compromise  between  thermal  conduct¬ 
ance,  electrical  resistance,  and  convenient  battery  voltage.  As  made, 
the  two  current  leads  contributed  but  little  to  the  total  heat-leak 
transfer,  and  their  combined  electrical  resistance  was  only  1/3000  of 
the  calorimeter  heater  resistance  of  107  ohms.  Therefore,  only  1/3000 
of  the  energy  input  was  developed  in  the  current  leads  between  the 
calorimeter  and  envelope  shells,  and  so  a  small  inequality  in  the 
eventual  distribution  of  this  extraneous  heat  was  negligible. 

To  minimize  the  uncertainty  of  the  accounting  for  the  heat  devel¬ 
oped  in  this  small  resistance,  the  current  leads,  their  insulation,  and 
their  sheaths  were  all  made  as  much  alike  as  possible  on  both  sides  of 
the  vacuum  space.  The  sheaths  were  soldered  into  the  shells  similarly, 
and  the  leads  extended  about  3  mm  beyond  their  sheaths.  In  this 
way,  the  two  electric  connecting  links  had  equal  thermal  connection 
with  the  calorimeter  and  the  envelope  shells.  The  current  links  were 
made  of  0.3-mm  gold  wire  about  4  cm  long.  One  potential  lead  was 
connected  to  the  calorimeter  end  of  one  link.  The  other  potential 
lead  was  connected  to  the  envelope  end  of  the  other  link.  In  this 
way,  the  electric  power  developed  in  one  link  was  apportioned  to  the 
calorimeter,  and  the  power  developed  in  the  other  link  was  appor¬ 
tioned  to  the  envelope.  Thus  it  was  not  necessary  to  connect  poten¬ 
tial  leads  within  the  vacuum  space  to  the  midpoints  of  the  links, 
where  the  temperature  of  the  wire  rose  above  the  calorimeter  tempera¬ 
ture  during  the  heating  period.  These  potential  leads  were  made 
small  and  long  to  keep  their  thermal  conductance  negligible. 

In  order  to  prevent  passage  of  liquid  drops  during  the  vapor  with¬ 
drawal  experiments,  a  baffle,  B,  shown  in  figure  2,  made  of  conical- 
shaped  wire  gauze,  was  installed  near  the  vapor  outlet  tube. 

2.  THERMAL-PROTECTING  ENCLOSURE 

In  an  ideal  calorimeter  no  unmeasured  heat  would  be  gained  or  lost. 
This  ideal  may  be  approached  by  three  means:  First,  the  calorimeter 
may  be  thermally  insulated  from  its  surroundings.  Second,  the  sur¬ 
roundings  may  be  kept  approximately  at  the  temperature  of  the 
calorimeter.  Third,  the  heat  transferred  may  be  accounted  for  by 
observation.  In  the  present  calorimeter,  all  three  means  were  pro¬ 
vided  by  use  of  a  protecting  enclosure  for  the  calorimeter.  This 
thermal-protecting  enclosure  will  next  be  described. 

The  enclosure  which  surrounds  the  calorimeter  is  used  to  control 
heat  leak  to  or  from  the  calorimeter  and  to  provide  for  determining 
the  correction  for  the  small  unavoidable  heat  leak.  The  inner  wall 
of  the  enclosure  is  a  shell  called  the  envelope,  shown  at  E.  It  is  a 
closed  copper  shell  made  in  the  same  manner  as  the  calorimeter  shell, 
but  larger.  At  the  bottom  of  the  envelope,  the  seal  to  the  lower  tube 
was  made  with  a  thin  copper  disk  to  accommodate  differential  expan¬ 
sion.  The  copper  envelope  shell  is  0.55  mm  thick,  gold-plated  and  the 
inside  surface  polished  to  reduce  heat  transfer  by  radiation  to  the 
calorimeter.  The  space  between  the  calorimeter  shell  and  the 
envelope  was  evacuated  for  improving  the  insulation,  leaving  radiation 
between  the  polished  gold  surfaces  as  the  chief  path  for  heat  leak.  In 
the  preliminary  cooling  of  the  calorimeter,  this  space  was  filled  with 
helium  to  promote  heat  removal.  Eight  thermoelements  on  the 
inner  surface  of  the  envelope  are  used  in  the  control  and  evaluation  of 

284/204 


i 


°atninitStim,on’]  Specific  and  Latent  Heat  of  Water,  0°  to  100 °  C 

beat  leak,  as  described  later.  To  provide  a  space  for  the  reference 
block,  R,  described  later,  an  extension  to  the  envelope  is  located  as 
shown. 

Control  of  the  envelope  temperature  is  an  important  factor  in  the 
operation  of  the  calorimetric  equipment.  Upon  this  control  depends 
not  only  the  magnitude  of  the  heat  leak,  but  also  its  correct  evalua¬ 
tion.  In  the  calorimetric  measurement,  it  is  important  that  the  enve¬ 
lope  temperature  be  kept  uniform  and  close  to  the  average  temperature 
of  the  calorimeter,  not  only  when  at  the  initial  and  final  steady  states, 
but  also  during  the  heating  period.  Another  function  of  the  envelope 
is  the  cooling  of  the  calorimeter  as  a  preliminary  to  a  series  of  measure¬ 
ments.  In  consideration  of  the  several  functions  of  the  envelope,  a 
saturated-steam  bath  was  chosen  to  control  its  temperature.  An 
electric  heater  for  vaporizing  water  and  water-cooled  condensers 
furnished  the  means  for  controlling  the  steam  bath.  The  saturated 
steam  furnished  the  medium  for  distribution  of  heat  or  refrigeration 
to  the  parts  of  the  envelope,  and  thus  automatically  provided  the 
desired  uniformity  of  temperature  distribution  and  the  desired  re¬ 
sponsiveness  in  temperature  regulation. 

The  saturated-steam  bath,  S,  occupies  the  space  between  the 
envelope  and  a  third  shell  of  brass.  This  shell,  or  steam  jacket,  as  it 
is  called,  is  entirely  closed  except  for  small  tubes  for  introducing  or 
removing  liquid  water  and  vapor.  A  flexible  copper  disk  was  used  to 
join  the  brass  shell  to  the  axial  lower  tube.  The  volume  of  this  steam 
space  between  the  steam  jacket  and  the  envelope  was  about  2,000 
cm3.  The  sheathed  heater,  H2,  soldered  to  the  outside  of  the  steam 
jacket  just  below  the  level  of  the  pool  of  water  inside,  furnished  the 
controlled  source  of  heat  input.  The  vapor  spaces  were  sufficiently 
open  so  that  only  negligible  pressure  differences  could  exist,  even 
when  there  was  flow  of  vapor  to  the  remote  parts. 

The  action  of  this  vapor  bath  depends  upon  the  latent  heat  of  the 
water  vapor  and  upon  the  principle  that  the  temperature  of  a  wet 
surface  is  determined  by  the  vapor  pressure.  It  therefore  follows  that 
the  temperature  of  the  entire  envelope  responds  to  any  increase  in 
saturation  temperature  of  the  vapor.  In  other  words,  the  saturated 
steam  acts  as  an  automatic  thermodynamic  distributor  of  heat  and 
equalizer  of  temperature  for  the  space  which  it  occupies.  In  heating, 
the  saturation  temperature  of  the  vapor  is  raised  above  that  of  the 
metal,  and  condensation  takes  place,  using  up  the  latent  heat  of  the 
vapor  to  add  heat.  The  heat  flows  to  the  shells  through  whatever 
condensed  liquid  is  on  the  metal.  Gravity  tends  to  make  the  con¬ 
densed  water  run  down  to  the  pool  at  the  bottom,  where  it  receives 
heat  and  goes  through  the  cycle  again.  Since  the  entire  mass  of 
fluid  in  this  space  is  small  and  the  metals  of  the  envelope  and  jacket 
are  thin,  the  temperature  of  the  envelope  is  quickly  responsive  to 
changes  in  power  imparted  to  the  heater. 

For  the  purpose  of  initial  cooling  preliminary  to  a  day’s  experiments, 
or  for  a  steady  heat  drain  to  be  compensated  by  heat  for  regulation, 
two  condensers  are  provided  in  the  steam  bath,  as  shown  at  W1  and 
W2.  Cooling  was  supplied  to  these  condensers  by  water,  regulated 
in  flow  and  temperature.  The  water  condensed  within  the  steam 
bath  was  directed  by  wire-gauze  leaders  to  parts  which  needed  to  be 
kept  wet.  The  surplus  returned  by  gravity  to  the  pool  at  the  bottom. 

It  is  possible  that  the  surfaces  are  not  always  completely  wetted, 
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but  even  so,  large  temperature  gradients  could  not  be  produced  in 
the  well-conducting  envelope  shell.  The  steam-bath  enclosure  was 
found  to  have  a  very  small  air  leak,  which  made  it  necessary  to  purge 
it  of  air  occasionally  to  secure  the  best  operation.  This  was  done  by 
drawing  off  a  small  amount  of  steam  from  the  region  of  the  condenser, 
W2. 

In  order  to  protect  the  steam  bath  from  the  influence  of  the  out¬ 
side  temperature,  it  was  surrounded  except  at  the  top  by  a  controlled 
metal  casing  called  the  “guard”,  shown  at  G  in  figure  3.  This  guard 
was  a  sheet-copper  cylinder  with  a  plane  bottom.  It  could  be  cooled 
by  means  of  a  system  of  cooling-water  tubes,  W8,  distributed  over  its 
surface.  Heat  could  be  supplied  by  an  electric  heater,  H5,  dis¬ 
tributed  over  the  surface.  By  thus  controlling  the  temperature  of  the 
guard,  the  operation  of  the  steam  bath  was  improved. 

Outside  the  guard  there  is  another  shell  made  of  aluminum,  for  a 
cover.  For  the  purpose  of  insulation,  the  blank  spaces  inside  the 
cover  and  the  guard  were  filled  with  insulating  material  consisting  of 
wool  and  kapok. 

3.  CONNECTIONS  TO  THE  CALORIMETER 

The  calorimeter  shell  is  held  in  place  by  two  tubes  of  copper-nickel 
alloy.  In  addition  to  furnishing  a  firm  support  for  the  shell  without 
too  great  heat  conduction,  these  tubes  serve  also  for  the  transfer  of 
fluid  to  or  from  the  calorimeter.  The  “upper  tube,”  which  has  an 
outside  diameter  of  6.35  mm  and  a  wall  thickness  of  0.25  mm,  con¬ 
nects  to  the  vapor  throttle  valve,  TV,  which  permits  control  of  the 
rate  of  flow  of  outgoing  steam  in  the  evaporation  type  of  experiments. 
The  diameter  of  this  upper  tube  was  large  enough  to  allow  for  ade¬ 
quate  rates  of  withdrawal  of  steam  at  the  lower  temperatures.  Near 
0°  C,  where  the  specific  volume  of  saturated  steam  is  over  200,000 
cm3/g,  it  was  possible  to  withdraw  about  0.63  g/min. 

During  the  heat-capacity  experimeuts,  which  preceded  the  vapori¬ 
zation  measurements,  the  upper  tube  was  sealed  at  both  the  bottom 
and  top  by  disks  across  the  ends.  This  was  to  exclude  water  which 
might  distill  from  end  to  end  and  thereby  transfer  unmeasured  heat. 
These  disks  were  removed  prior  to  the  vaporization  experiments. 

The  “lower  tube”,  which  has  an  outside  diameter  of  3.0  mm  and 
wall  thickness  of  0.35  mm,  encloses  the  propeller  drive  shaft  of  the 
circulating  pump.  It  also  connects  to  the  valve  through  which  the 
calorimeter  is  filled  or  emptied . 

The  container,  WC,  for  storing  and  transferring  water  samples  was 
a  copper  shell  similar  to  but  slightly  larger  than  the  calorimeter  shell, 
tinned  on  the  inside  to  avoid  contamination  of  the  water  sample, 
and  with  a  tubular  stem  ending  in  a  valve.  It  was  connected  to  the 
calorimeter  by  a  union.  The  long  stem  was  to  give  head  for  running 
the  water  in  or  out  when  the  vapor  pressure  was  low. 

4.  STUFFING  BOX  AND  PUMP  DRIVE 

The  calorimeter  circulating  *pump  is  driven  from  a  1/75-hp  syn¬ 
chronous  motor,  using  controlled-frequency  alternating  current  to 
provide  a  constant  speed.  The  drive  is  transmitted  through  a  speed- 
reducing  gear  train  to  a  vertical  shaft  running  in  a  stuffing  box  below 
the  calorimeter.  From  this  shaft,  a  tubular  extension  with  squared 
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ends  transmits  the  rotation  to  the  bottom  of  the  calorimeter  pump 
shaft. 

The  stuffing  box,  shown  at  SB  in  figure  3,  was  taken  from  an  older 
calorimeter  and  has  been  more  fully  described  in  a  previous  publica¬ 
tion  [2].  The  shaft  through  this  stuffing  box  is  of  hardened  tool  steel 
1  mm  in  diameter  where  it  runs  in  the  packing.  A  packing  material 
of  soft  kid  leather  impregnated  with  a  mixture  of  paraffin  and  vaseline 
was  found  to  be  satisfactory.  This  packing  is  kept  compressed  to  the 
proper  tightness  around  the  shaft  by  a  spring  acting  between  the 
retaining  ring  and  the  threaded  cap.  Clearances  were  made  small  to 
avoid  exuding  the  packing.  The  agreement  of  the  amounts  of  water 
put  in  and  taken  out  of  the  calorimeter  was  a  check  on  the  satisfactory 
tightness  of  the  stuffing  box. 

The  stuffing  box  was  cooled  with  water  circulating  in  a  chamber, 
W4,  around  the  shaft  tube  at  the  top  of  the  stuffing  box.  In  experi¬ 
ments  at  temperatures  near  0°  C,  this  cooling  was  found  necessary  to 
prevent  transfer  of  unmeasured  heat  to  the  calorimeter  by  boiling  in 
the  lower  tube,  whereas  in  experiments  at  higher  temperatures,  it 
was  necessary  to  keep  the  packing  cool  to  prevent  leaking. 

5.  VAPOR  LINE  AND  THROTTLE  VALVE 

The  vapor  throttle  valve  used  in  the  vaporization  experiments  is 
an  extremely  vital  part.  On  it  depends  the  precision  with  which  the 
experimental  process  of  evaporation  can  be  controlled.  The  valve 
opening  must  necessarily  be  large  enough  to  allow  sufficient  flow  of 
vapor  when  the  specific  volume  is  large  at  temperatures  near  0°  C. 
It  should  also  be  capable  of  closing  tightly  in  order  to  permit  accurate 
accounting  for  mass  and  energy.  It  should  also  allow  steady,  con¬ 
tinuous  adjustment,  so  that  the  evaporation  temperatures  can  be 
controlled  by  regulating  the  flow. 

The  vapor  throttle  valve  is  shown  at  TV.  It  is  made  as  a  cylin¬ 
drical  cell  joined  to  the  top  of  the  steam  jacket,  capped  by  a  flexible 
corrugated-copper  diaphragm,  clamped  tightly  to  the  upper  rim  of 
the  cell.  This  diaphragm  seals  against  the  atmosphere  and  carries  a 
short  valve  stem  at  the  center.  The  stem  projects  above  and  below 
the  diaphragm,  to  which  it  is  sealed  by  hard  solder.  The  flexibility 
of  the  diaphragm  permits  about  1-mm  linear  motion  of  the  stem  to 
open  or  close  the  flow  aperture.  The  outflow  tube  ends  in  a  brass 
plug,  which  forms  the  seat.  The  actual  seat  (6. 1-mm  diameter)  is 
merely  a  45°  sloped  ridge  rising  about  0.15  mm  above  the  plane  end 
of  the  brass  plug.  The  part  of  the  stem  which  bears  on  the  seat  has 
a  flat  face  and  is  fastened  to  the  diaphragm  with  a  threaded  stud. 
The  stem  face  was  covered  with  a  thin  film  of  soft  rubber,  applied 
by  dipping  in  latex  and  vulcanizing.  The  performance  of  this  soft- 
rubber  coating  exceeded  all  expectations.  It  enabled  the  valve  to  be 
closed  tightly  with  no  perceptible  leak  and  permitted  fine  regulation 
of  throttling.  One  application  of  rubber  served  for  the  entire  series 
of  evaporation  experiments. 

The  valve  stem  is  operated  by  two  levers  acting  axially  on  the  stem 
outside  the  diaphragm.  One  lever  thrusts  a  strut  against  the  stem  to 
close  the  valve,  and  the  other  lifts  it  by  a  stirrup  to  open  the  valve. 
These  levers  act  on  knife-edges  to  avoid  any  irregularity  in  their 
motion.  The  closing  lever  is  actuated  by  a  spring  which  not  only 
removes  any  backlash  but  keeps  a  steady  moderate  force  against  the 
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seat  of  the  valve  when  closed.  The  opening  lever  with  a  mechanical 
reduction  of  motion  of  4  to  1  is  operated  by  a  screw  with  a  pitch  of  32 
threads  per  inch.  The  shaft  of  this  screw  extends  up  to  a  grooved 
pulley  above  the  calorimeter  and  is  driven  by  remote  control  with  a 
wire  belt  from  a  small  pulley  over  the  observing  bench.  A  shaft  from 
this  pulley  extends  down  to  a  handwheel  and  lever  easily  accessible 
to  the  operator.  Using  an  additional  lever  20  cm  long,  which  could 
be  clamped  to  the  handwheel,  there  was  a  total  reduction  of  motion 
of  over  30,000  to  1  from  the  end  of  this  lever  to  the  valve  stem.  In 
spite  of  this  large  reduction,  there  was  no  detectable  backlash  in  the 
operation  of  the  valve.  The  nicety  of  the  mechanical  operation  of  the 
throttle,  and  the  consequent  excellent  control  of  evaporation  condi¬ 
tions  amply  repaid  for  the  effort  expended  on  the  refinement  of  this 
throttle  valve. 

A  sheathed  heater,  shown  at  IJ4  in  figure  2,  was  soldered  to  the 
body  of  the  throttle  valve  to  maintain  both  the  valve  and  the  upper 
tube  warmer  than  the  calorimeter.  This  was  to  prevent  water  from 
condensing  in  the  upper  tube  during  the  evaporation  experiments. 

The  outlet  tube  from  the  throttle  was  made  larger  than  the  inlet 
to  accommodate  the  larger  specific  volume  of  vapor  after  throttling. 
The  vapor  line  from  the  throttle  to  the  receiver  is  nowhere  less  than 
1  cm  in  diameter.  The  vapor  line  extends  up  and  out  of  the  guard 
space,  through  copper  and  copper-nickel  tubes  to  a  glass  stopcock. 
Beyond  the  stopcock,  a  union,  U,  provides  for  the  attachment  of 
either  of  two  Pyrex-glass  containers  for  collecting  the  samples  of  vapor 
by  condensation  in  liquid  air.  A  side  tube  with  valve  permits  evacu¬ 
ation  of  the  vapor  line.  The  glass  containers,  of  about  225-cm3  ca¬ 
pacity,  are  provided  with  unions  and  stopcocks  so  that  they  can  be 
detached  and  weighed  for  determining  the  amounts  of  samples. 

6.  THERMOMETRIC  INSTALLATION 

Platinum  resistance  thermometers  and  thermoelements  were  used 
in  the  control  and  measurement  of  temperature  in  this  apparatus.  A 
resistance  thermometer,  T ,  placed  in  the  copper  reference  block,  R, 
determines  a  reference  datum  on  the  International  Temperature 
Scale,  from  which  small  temperature  differences  to  the  calorimeter  or 
other  points  are  measured  by  means  of  thermoelements.  Thermo¬ 
elements  were  also  used  differentially  for  the  survey  of  temperature 
distribution  and  for  regulation  of  the  calorimetric  processes. 

The  reference  block,  R,  is  located  in  a  space  somewhat  apart  from 
the  calorimeter  to  avoid  direct  interchange  of  heat  but  is  connected 
to  it  through  a  tube  for  evacuation  and  for  installing  differential  ther¬ 
moelement  wires.  The  surrounding  steam  jacket  maintains  the  tem¬ 
perature  of  the  enclosure  approximately  at  the  temperature  of  the 
calorimeter.  The  reference  block  was  designed  to  give  adequate 
thermal  connection  between  the  resistance  thermometer  and  the 
reference  junctions  of  the  thermoelements.  It  is  of  copper  in  the 
form  of  a  right  hexagonal  prism,  5  cm  tall,  with  three  broad  vertical 
faces  on  which  the  reference  junctions  of  the  thermoelements  and 
attachments  for  the  leads  are  located.  These  attachments  are  for 
intercepting  heat  conducted  along  the  leads  and  will  be  referred  to  as 
“thermal  tie  downs.” 

Four  vertical  round  holes  in  the  reference  block  are  the  sockets 
into  which  fit  the  several  tubes  containing  resistance  thermometers 
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and  the  tube  containing  an  electric  heater,  H3.  The  heater  socket  is 
at  the  axis  and  the  thermometer  sockets  are  located  symmetrically. 
Tubes  of  thermally  resistant  Cu-Ni  alloy  extend  up  from  these  four 
sockets  successively  through  the  envelope,  the  steam  space,  the  outer 
wall  of  the  steam  jacket,  and  the  water  in  the  condenser,  W2  in  figure  3, 
to  the  outside.  A  length  of  4.5  cm  was  allowed  in  the  vacuum  space 
to  give  thermal  separation  from  the  envelope  and  a  length  of  12  cm 
in  the  steam  space  permitted  a  resistance  thermometer  coil  to  be 
placed  there  for  automatic  regulation  of  the  steam-bath  temperature. 

The  platinum  resistance  thermometer  used  as  a  working  standard 
for  the  temperature  measurement  was  of  the  four-lead  potential- 
terminal  type  described  by  C.  H.  Meyers  [4].  The  windings  were  of 
pure  platinum  wound  on  a  mica  cross,  and  the  initial  strains  were 
relieved  by  annealing  the  completed  thermometer  at  660°  C.  The 
thermometer  was  then  sealed  in  an  atmosphere  of  helium  in  a  tubular 
sheath  of  copper-nickel,  6.3-mm  in  diameter  and  46  cm  long.  The 
calibration  was  made  according  to  the  specifications  for  the  Inter¬ 
national  Temperature  Scale  [5],  using  the  fixed  points  of  ice,  steam, 
and  boiling  sulphur  as  0°,  100°,  and  444.6°  C,  respectively.  The 
thermometer  fulfilled  the  requirements  of  the  specifications  for  the 
International  Temperature  Scale  and  was  recalibrated  several  times 
during  the  calorimetric  experiments. 

There  are,  in  all,  22  thermoelements  within  the  vacuum  space,  all 
having  their  reference  junctions  on  the  reference  block.  Some  of  the 
thermoelement  principal  measuring  junctions  are  shown  at  points 
labeled  J in  figure  2.  Eight  of  these  thermoelements  have  their  princi¬ 
pal  junctions  uniformly  spaced  on  the  outer  surface  of  the  calorim¬ 
eter  so  as  to  evaluate  the  average  temperature.  Four  of  these  on 
the  bottom  hemisphere  are  connected  in  series  and  designated  as  JB. 
The  other  four  on  the  top  hemisphere,  which  have  separate  leads  to 
allow  for  examining  temperature  uniformity  in  azimuth,  are  also 
connected  in  series  and  designated  as  JT.  All  eight  in  series  may  be 
used  to  refer  the  average  temperature  of  the  calorimeter  to  the 
reference  block,  i.  e.,  to  the  standard  thermometer.  Similarly,  eight 
principal  junctions  on  the  inside  surface  of  the  envelope  evaluate  its 
average  surface  temperature;  four  of  these  on  the  lower  part  are 
designated  as  JL,  and  four  on  the  upper  part  as  JU.  All  eight  on 
the  envelope  may  be  opposed  to  the  eight  on  the  calorimeter  for  heat- 
leak  control  and  measurement. 

In  addition  to  the  16  thermoelement  junctions  located  on  the  sur¬ 
faces  of  the  calorimeter  and  envelope  shells,  there  are  five  more 
located  on  the  connecting  tubes  between  the  shells.  These  thermo¬ 
elements  are  used  in  the  control  and  measurement  of  heat  leak  by 
metallic  conduction  along  the  tubes.  The  three  principal  junctions 
on  the  “upper  tube”  are  shown  at  J5,  J6,  and  J7 .  Junction  J6, 
located  midway  between  J5  and  J7,  was  used  for  determining  the 
temperature  of  the  steam  withdrawn  in  the  evaporation  experiments. 
The  two  junctions  on  the  “lower  tube”  are  shown  at  JS  and  J9. 

One  thermoelement,  shown  at  J10,  is  placed  near  where  the  tubes 
from  the  reference  block  pass  through  its  envelope.  This  thermo¬ 
element  is  useful  as  a  detector  or  purge  indicator,  since  it  quickly 
shows  local  temperature  differences  when  enough  air  eventually  leaks 
into  the  steam  jacket  to  interfere  with  the  free  transfer  of  heat  by  the 
steam.  For  the  purpose  of  regulating  the  temperature  of  the  guard 
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shell,  one  thermoelement  was  placed  near  the  top  of  the  guard.  During 
the  evaporation  experiments,  a  thermoelement  was  used  on  the  out¬ 
side  of  the  throttle  valve  for  regulating  the  heat  applied. 

The  thermoelements  used  in  this  apparatus  were  made  of  No.  32 
(0.20-mm)  Chrome!  P  wire  containing  about  90  percent  of  Ni  and  10 
percent  of  Cr,  and  No.  34  (0.16-mm)  constantan  wire  containing  about 
60  percent  of  Cu  and  40  percent  of  Ni.  These  wires,  which  gave 
about  60  mv°C  for  single  elements,  were  insulated  with  silk  and  covered 
with  Glyptal  lacquer.  The  junctions  of  these  elements  were  made  in 
three  different  ways,  depending  on  the  way  the  thermal  contact  had 
to  be  made  to  acquire  the  temperature  of  the  surface  where  they  were 
placed. 

The  usual  type  of  junction  was  on  a  copper  terminal  made  in  the 
form  of  a  narrow  washer  with  a  radial  tag  to  which  the  wires  were 
soldered  with  the  least  bit  of  solder.  These  terminals  were  clamped 
with  a  screw  stud  and  nut  between  thin  mica  washers  to  the  metal 
whose  temperature  they  were  to  acquire.  They  were  somewhat 
larger  but  made  according  to  the  same  principles  as  those  described 
in  previous  reports  [2,  3].  These  terminals  were  used  on  the  reference 
block  for  the  “reference  junctions”  and  for  the  first  “tie-downs,”  and 
for  the  eight  principal  junctions  on  the  envelope  shell. 

A  second  type  of  junction,  used  on  the  outside  of  the  calorimeter 
shell,  was  made  by  soldering  the  two  wires  to  larger  plates  of  copper. 
These  plates  were  insulated  with  thin  sheets  of  mica  and  lacquer  and 
held  down  with  two  narrow  thin  bands  of  copper  extending  around 
the  shell  in  great  circles. 

The  third  type  of  attachment  was  used  on  the  tubes  between  the 
calorimeter  and  envelope  shells.  In  this  type,  the  two  wires  were 
soldered  together  end  to  end,  reinsulated  with  silk,  and  bound  and 
lacquered  to  the  tube  for  several  turns  away  from  the  junction  to 
insure  that  the  junction  was  at  the  temperature  of  the  tube. 

Each  thermoelement  had  two  reference  junctions  on  the  reference 
block,  although  in  cases  where  the  elements  were  connected  in  series, 
some  of  the  reference  junctions  were  common  to  several  elements. 
Eighteen  copper  leads  from  reference  junctions  sufficed  for  all  of  the 
temperature  exploration  it  was  desired  to  make.  Their  leads  were 
carried  in  coils  from  the  reference  junction  terminals  near  the  bottom 
of  the  reference  block  to  “thermal  tie-downs”  with  similar  terminals 
near  the  top  of  the  block.  From  these  tie-down  terminals,  the  wires 
led  up  through  a  flat  copper-nickel  sheath  which  extended  through 
the  steam  jacket  to  above  the  liquid  in  the  condenser.  These  silk- 
insulated  wires  were  in  a  single  layer  and  sealed  into  the  flat  copper- 
nickel  sheath  with  Glyptal  for  electric  insulation  and  thermal  contact. 
The  length  in  thermal  contact  with  steam  sufficed  to  bring  the  tem¬ 
perature  of  the  wire  at  the  envelope  boundary  very  close  to  the  steam 
temperature.  The  tie-downs  on  the  upper  part  of  the  reference  block 
still  further  eliminated  any  temperature  gradients  on  the  lead  wires 
toward  the  reference  junctions. 

Various  combinations  of  the  thermoelements  for  the  several  func¬ 
tions  mentioned  above  were  provided  for  by  connections  to  specially 
built  all-copper  distributing  switches.  By  manipulation  of  these 
switches,  the  observer  could  quickly  shift  from  one  to  another  combi¬ 
nation,  with  little  more  delay  than  for  galvanometer  response. 

The  electromotive  forces  of  the  thermoelements  were  measured  on 
a  Wolff  potentiometer  designed  by  F.  Wenner.  The  potentiometer 
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measurements  were  referred  to  a  standard  cell,  described  in  part  2 
under  “Accounting  for  energy.”  The  electromotive  forces  measured 
were  so  small  that  the  potentiometer  calibration  errors  were  negligible. 

The  eight  thermoelements  used  to  measure  the  temperature  of  the 
calorimeter  and  contents  were  calibrated  in  place  against  the  resistance 
thermometer  in  the  reference  block.  This  calibration  procedure  was 
first  to  observe  the  resistance  thermometer  and  thermoelements,  when 
the  reference-block  temperature  was  very  close  to  that  of  the  calo¬ 
rimeter.  The  reference  block  was  then  heated  for  a  few  seconds,  keep¬ 
ing  the  calorimeter  temperature  constant,  and  the  thermometer  and 
thermoelements  observed  again.  The  change  in  the  electromotive 
force  of  the  thermoelements  was  then  given  directly  in  terms  of  the 
change  in  temperature  by  the  resistance  thermometer.  No  evidence 
was  found  that  the  calibration  of  any  of  the  other  thermoelements 
differed  at  all  from  this  one  and  furthermore,  even  moderate  differences 
could  have  had  no  significant  effect  on  the  results. 

The  resistance  of  the  thermometer  was  measured  with  a  Mueller 
bridge  [6]  built  by  O.  Wolff  and  calibrated  several  times  during  the 
experiments.  The  addition  of  a  commutator  with  normal  ( N )  and 
reverse  ( R )  positions  adapts  the  bridge  for  measuring  the  resistance 
between  the  branch  points  of  a  four-terminal  resistance  thermometer. 
A  bridge  current  of  5  ma  was  used,  half  of  which  passed  through  the 
resistance  thermometer.  The  bridge  current  coidd  be  quickly  re¬ 
versed  by  a  double-pole  tapping  switch.  This  automatically  com¬ 
pensates  for  a  drifting  bridge  zero  and  doubles  the  bridge  sensitivity. 
To  further  increase  the  sensitivity,  a  special  galvanometer  arrange¬ 
ment  was  used.  A  stationary  mirror  inside  the  galvanometer  case 
was  so  placed  that  the  beam  of  light  from  the  movable  galvanometer 
mirror  was  reflected  back  to  the  movable  mirror  before  emerging  to 
the  scale.  This  arrangement  doubles  the  deflection  with  less  loss  in 
light  intensity  than  doubling  the  scale  distance.  With  these  arrange¬ 
ments,  a  sensitivity  of  0.0001°  C  was  attained. 

For  the  purpose  of  automatic  regulation  of  the  envelope  tempera¬ 
ture,  one  resistance  thermometer  was  inserted  only  to  the  region  be¬ 
tween  the  reference  block  envelope  and  condenser  so  that  its  tempera¬ 
ture  was  quickly  affected  by  the  steam  bath.  This  resistance  ther¬ 
mometer  was  connected  in  a  simple  Wheatstone  bridge  and  was  used 
with  a  galvanometer,  photelelectric  cell,  and  amplifier  to  automatically 
maintain  constant  temperature  of  the  steam  bath. 

7.  AUXILIARY  COOLING  APPARATUS 

Cold  water  was  used  for  cooling  the  apparatus  in  the  experiments 
below  room  temperature.  About  30  liters  of  water  circulating  in  a 
storage  reservoir  was  cooled  by  an  electric  refrigerating  unit  and  the 
temperature  was  controlled  by  a  kerosene-filled  thermostat.  The 
cooled  water  from  the  reservoir  was  led  by  gravity  through  several 
different  flow  lines  on  the  apparatus  and  emptied  into  a  small  centrifu¬ 
gal  pump  which  returned  it  to  the  reservoir.  The  reservoir  and  flow 
lines  were  insulated  with  wool  to  avoid  dew  and  excessive  loss  in 
refrigeration. 

In  all  experiments  starting  near  0°  C,  the  cooling  water  was  main¬ 
tained  at  a  constant  temperature  by  circulating  over  a  layer  of  ice 
frozen  to  the  refrigerator  unit.  In  order  to  have  the  cooling  water 
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temperature  somewhat  below  0°  C  to  compensate  for  heating  in  the 
flow  lines,  enough  ethyl  alcohol  was  mixed  with  the  water  to  lower  the 
freezing  point  in  the  reservoir  by  the  required  amount.  A  special 
device  was  used  for  maintaining  a  covering  of  ice  on  the  cooling  unit. 
This  device  consisted  of  a  straight  tube  with  a  small  open  end  which 
rested  against  the  unit.  Thus  tube  was  filled  with  water  from  the 
reservoir  and  the  end  sealed  shut  with  ice  as  soon  as  ice  began  to  form 
on  the  unit.  Further  freezing  displaced  the  water  in  the  tube  and 
actuated  the  thermostat  in  the  usual  manner. 

8.  MEASURING  INSTRUMENTS  AND  CALIBRATIONS 

The  water  samples  were  weighed  by  the  method  of  substitution, 
using  a  balance  having  a  capacity  of  2  kg.  Below  the  balance  pans 
there  was  a  closed  cabinet  in  which  the  water  containers,  tare  con¬ 
tainers,  and  counterpoises  were  suspended.  The  platinum-plated 
brass  weights  used  were  calibrated  at  this  Bureau.  Corrections  were 
made  for  buoyancy  of  the  air  on  the  brass  weights.  Since  the  water 
sample  is  in  a  closed  container,  no  correction  for  the  air  buoyancy  on 
the  sample  is  necessary.  Correction  for  air  buoyancy  on  the  con¬ 
tainer  was  avoided  by  using  counterpoises  having  approximately  the 
same  displacement  as  containers. 

A  Wolff-Diesselhorst  potentiometer  was  used  for  measurements  of 
current  and  potential  drop  in  the  calorimeter  heater.  A  0.1-ohm 
four-terminal  resistor  in  series  with  the  heater  was  used  for  the  current 
determination  and  a  1,000  to  1  ratio  volt  box  for  the  potential  drop. 
Correction  was  made  for  the  fraction  of  the  main  current  shunted 
through  the  volt  box,  whose  resistance  was  about  20,000  ohms.  The 
potential  drop  in  the  calorimeter  heater  was  measured  by  means  of 
the  two  potential  leads  which  join  the  current  leads  at  points  which 
had  been  chosen  to  account  properly  for  the  heat  developed  in  the 
current  leads  between  the  calorimeter  shell  and  envelope. 

All  electrical-measuring  instruments  were,  carefully  calibrated 
several  times  during  this  series  of  experiments.  The  standard  resis¬ 
tors  and  the  volt  boxes  used  were  calibrated  before,  during,  and  after 
the  series  of  measurements  and  showed  no  significant  changes.  The 
potentiometric  measurements  of  power  input  were  referred  to  a  group 
of  three  cadmium  standard  cells.  These  cells  were  of  the  saturated 
type  and  were  maintained  at  a  constant  temperature  in  a  special 
temperature-controlled  box  described  by  Mueller  and  Stimson  [7]. 
Frequent  calibration  of  the  standard  cells  proved  their  reliability  to 
about  a  microvolt. 

The  Wolff-Diesselhorst  potentiometer  which  was  available  for  this 
work  was  not  ideally  adapted  to  these  measurements.  The  calibra¬ 
tion  of  the  potentiometer  showed  a  seasonal  variation  of  nearly  1  part 
in  10,000  and  a  smaller  daily  variation.  A  scheme  was  devised  using 
two  permanent  standard  resistors  to  calibrate  the  potentiometer  in 
place.  By  making  this  calibration  two  or  three  times  a  day,  errors 
due  to  changes  in  the  potentiometer  were  avoided. 

The  potentiometer  was  intended  for  use  with  standard  cells  having 
voltages  between  1.01800  and  1.01930.  The  saturated  standard  cells 
at  the  temperature  used  in  these  experiments,  however,  gave  about 
1.01762  v.  It  was  necessary,  therefore,  to  set  the  potentiometer 
arbitrarily  for  some  voltage  in  its  range  of  adjustment  and  to  correct 
for  the  true  standard-cell  voltage.  In  practice,  the  potentiometer 
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was  set  for  a  standard-  jll  electromotive  force  of  0.0005  v  higher  than 
that  of  the  standard  cells  used,  thereby  giving  a  correction  to  each 
potentiometer  reading  of  about  1  part  in  2,036.  This  correction 
appears  in  the  sample  computation  sheet  as  “correction  for  potentio¬ 
meter  ratio.” 

The  description  of  the  temperature-measuring  instruments  and 
their  calibrations  is  given  in  the  preceding  section,  “Thermometric 
installation.” 

Part  2.  Heat  Capacity  of  Water  in  the  Range  0°  to  100°  C 
I.  INTRODUCTION 

The  heat  capacity  2  of  water  has  been  the  subject  of  various  experi¬ 
mental  determinations  extending  back  to  the  time  of  Regnault.  Some 
of  them  have  been  inspired  by  the  usefulness  of  water  as  a  calorimetric 
medium  and  definitive  standard  for  determining  heat  capacities,  while 
others  have  had  for  their  objective  the  evaluation  of  the  “mechanical 
equivalent  of  heat.”  The  study  of  these  past  measurements  for 
appraisal  and  correlation  of  results  has  been  the  subject  of  many 
reviews  and  reveals  diligent  effort  to  overcome  inherent  obstacles  to 
accuracy  in  heat  measurements  by  developing  refinements  of  labora¬ 
tory  technique.  During  this  development,  the  art  of  calorimetry 
has  been  far  advanced  by  the  evolution  of  standards'  and  technique  in 
electrical  measurements  of  temperature  and  energy. 

Notwithstanding  all  the  advances  in  the  laboratory  arts,  the  appraisal 
of  past  experimental  results  has  been  unsatisfactory  because  so 
many  uncertain  factors  have  been  involved  regarding  former  units, 
standards,  and  calorimetric  technique.  Consequently,  any  inter¬ 
pretation  of  past  results  is  subject  to  some  arbitrary  choice,  and  the 
various  reviews  have  failed  to  bring  the  results  into  the  accord  to  be 
expected  from  the  accounts  of  the  experimenters. 

In  1921  the  Cambridge,  Mass.  [8],  conference  on  the  properties  of 
steam,  as  their  first  recommendation,  made  the  proposal  “the  specific 
heat  of  water  should  be  determined  with  the  greatest  possible  accuracy 
up  to  the  boiling  point  of  water  at  atmospheric  pressure  for  the  more 
accurate  determination  of  the  mechanical  equivalent  of  the  mean 
heat  unit.” 

Measurements  made  at  the  National  Bureau  of  Standards  and 
published  in  1930  included  data  on  the  heat  capacity  of  saturated 
water  between  0°  and  100°  C.,  from  which  the  specific  heat  at  one 
atmosphere  pressure  could  be  derived.  Since  the  experiments  were 
not  made  especially  for  establishing  accurate  specific  heats,  the 
derived  values  were  of  only  moderate  precision.  They  have  never¬ 
theless  been  used  in  preference  to  earlier  data  as  a  basis  for  measure¬ 
ments  of  the  enthalpy  of  superheated  steam  by  several  of  the  labora¬ 
tories  cooperating  in  the  international  steam  research  project.  Recog¬ 
nizing  that  the  accord  of  steam  data  was  limited  by  the  uncertainty 
in  the  values  of  the  specific  heat  of  water,  the  Third  International 
Conference  on  Steam  Tables  [9],  held  in  America  in  1934,  adopted  a 
recommendation  “that  new  measurements  of  the  enthalpy  or  total 
heat  of  water  between  0°  and  100°  C  be  undertaken  by  the  National 

2  The  expression  “heat  capacity”  is  used  in  this  paper  in  the  general  «ense  of  the  energy  required  to  produce 
a  change  of  temperature,  without  necessarily  restricting  its  application  to  unit  mass,  to  unit  temperature 
change,  or  to  derivatives  only. 
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Bureau  of  Standards  to  provide  greater  accuracy  in  these  values  for 
use  in  other  calorimetric  measurements.”  The  present  series  of 
measurements  was  undertaken  in  response  to  this  request  and  in 
extension  of  the  program  of  steam  research  already  completed. 

In  planning  the  work,  it  was  the  aim  to  provide  for  refinement  of 
the  technique  of  heat-balance  accounting  comparable  with  the  accu¬ 
racy  of  the  temperature  and  power  measurements,  and  if  possible,  to 
avoid  an  error  of  more  than  1  part  in  5,000  in  the  final  results.  To  do 
this,  it  was  necessary  to  design  the  new  calorimetric  equipment  de¬ 
scribed  in  part  1  of  this  report. 

II.  METHOD  AND  APPARATUS 

The  method  and  apparatus  have  been  described  in  detail  in  part  1 
of  this  report,  and  therefore  will  be  given  only  very  brief  mention 
here.  The  apparatus  consisted  essentially  of  a  metal  calorimeter 
shell  containing  a  quantity  of  water,  part  liquid  and  part  vapor. 
Immersed  in  the  water  are  an  electric  heater  and  a  circulating  pump. 
Valves  provide  for  filling  and  emptying  the  calorimeter.  The  calo¬ 
rimeter  is  well  insulated  from  its  surroundings,  which  are  controlled  to 
its  temperature.  Resistance  thermometers  and  thermoelements  are 
used  in  measuring  temperatures. 

In  the  measurement  of  heat  capacity,  the  calorimeter  with  a  sample 
of  water  was  heated  over  a  measured  temperature  range.  By  making 
some  experiments  with  the  calorimeter  nearly  full  of  liquid  water,  and 
others  with  it  nearly  empty,  the  tare  heat  capacity  of  the  calorim¬ 
eter  was  accounted  for  and  there  was  obtained  the  change  of  a 
quantity  called  alpha,  a,  which  is  a  property  of  the  water  alone. 
This  quantity  alpha  differs  from  the  enthalpy,  or  heat  content,  H, 
of  saturated  liquid  water  by  another  quantity  beta,  (3.  In  other  words, 

a=II — P 

The  quantity  beta,  (3 ,  had  been  measured  calorimetrically  in  previous 
experiments  at  higher  temperatures.  However,  between  0°  and  100°  C, 
it  is  so  small  that  its  value  can  be  calculated  from  other  data  with 
greater  accuracy  than  can  be  obtained  by  calorimetric  measurements. 

In  addition  to  the  enthalpy,  H,  of  saturated  liquid,  values  of  specific 
heat,  etc.,  may  be  derived. 

III.  EXPERIMENTAL  PROCEDURE 

In  the  heat-capacity  measurements  it  was  necessary  to  measure  the 
amount  of  water  subjected  to  the  process,  the  amount  of  energy  ex¬ 
changed,  and  the  change  in  state  produced.  It  was  the  aim  to  account 
accurately  for  all  three  of  these  main  factors.  The  following  descrip¬ 
tion  of  the  experimental  procedure  indicates  how  these  essential  ac¬ 
countings  were  made. 

1.  ACCOUNTING  FOR  MASS  OF  WATER 

The  mass  of  water  subjected  to  a  change  of  state  enters  as  a  direct 
factor  in  the  reduction  of  the  data.  The  results,  therefore,  would  be 
no  more  reliable  than  the  determinations  of  the  masses.  Special  care 
was  therefore  taken  that  the  weighings  were  accurate  and  free  from 
systematic  errors.  An  account  was  kept  of  the  amount  in  the  calorim- 


294/214 


oinning sStim:son’]  Specific  and  Latent  Heat  oj  Water,  0°  to  100°  C 

eter  at  any  time  and  a  check  made  by  completely  exhausting  and 
weighing  each  charge  before  refilling  with  a  new  one. 

The  water  used  in  these  experiments  was  purified  by  preliminary 
distillation  and  then  redistilled  in  a  specially  designed  still  under  a 
pressure  of  about  0.1  atmosphere  for  the  purpose  of  removing  dissolved 
gases.  These  gases  were  removed  by  continuously  withdrawing  a 
part  of  the  mixture  of  gas  and  water  vapor  from  the  condenser  of  the 
still.  This  kept  the  partial  pressure  of  the  gas  at  the  condensing 
surface  less  than  0.001  atmosphere.  The  fraction  of  gas  dissolving  in 
the  condensing  water  at  this  low  pressure  was  too  small  to  have  any 
significant  effect  on  any  of  the  measurements. 

The  purified  sample  of  water  was  then  transferred  from  the  still 
to  an  evacuated  container,  which  was  then  weighed.  When  filling  the 
calorimeter,  this  container  was  connected  to  the  evacuated  calorim¬ 
eter,  as  shown  in  figure  3,  and  the  connecting  line  evacuated.  The 
water  was  transferred  by  gravity  from  the  container  to  the  calorim¬ 
eter,  leaving  only  a  few  grams  in  the  container  and  line.  The  water 
in  the  line  was  collected  and  weighed  by  pumping  through  a  detach¬ 
able  liquid-air  trap  in  the  vacuum  line.  The  container  with  the  water 
remaining  in  it  was  then  reweighed.  From  the  weights  of  the  con¬ 
tainer  before  and  after  filling  the  calorimeter,  and  the  weight  of  the 
water  from  the  line,  the  amount  of  the  water  in  the  calorimeter  was 
obtained  by  differences.  When  emptying  the  calorimeter,  a  similar 
procedure  was  followed,  except  that  the  water  container  was  placed 
below  the  calorimeter,  so  that  the  water  would  flow  from  the  calorim¬ 
eter  down  to  the  container.  The  water  remaining  in  the  line  and 
calorimeter  was  accounted  for  by  condensing  in  liquid  air  and  weighing 
as  before. 

The  same  charge  of  water  was  usually  left  in  the  calorimeter  for 
several  days’  experiments.  Comparison  of  the  amount  put  in  with 
the  amount  taken  out  was  a  check  on  the  accuracy  of  accounting  for 
the  mass.  Such  a  sum  check  was  carefully  kept  in  this  work,  and  when 
the  accounts  did  not  agree,  the  results  were  discarded.  Usually  the 
check  was  to  about  0.020  g,  which  amounts  to  about  1  part  in  50,000 
in  a  1-kg  water  sample. 

2.  ACCOUNTING  FOR  ENERGY 

Measured  energy  was  supplied  electrically  to  the  calorimeter  and 
contents  by  means  of  the  calorimeter  heating  coil  installed  within  the 
calorimeter  shell  and  immersed  in  the  water  sample.  Power  was 
supplied  by  a  separate  storage  battery  of  large  current  capacity. 
Potentiometer  readings  of  current  and  potential  drop  across  the 
calorimeter  heater  were  made  periodically  for  obtaining  the  energy 
added  electrically,  as  described  later.  Reduction  of  these  readings 
took  account  of  the  timing  of  the  readings  and  of  the  slight  gradual 
change  in  power  which  sometimes  occurred. 

In  order  to  avoid  too  rapid  an  initial  change  when  the  current  was 
switched  to  the  calorimeter  heater  at  the  start  of  an  experiment,  a 
substitute  resistor  was  used  to  steady  the  battery  output.  Between 
heating  periods,  the  battery  current  was  adjusted  to  a  selected  value 
to  make  the  final  temperature  of  the  calorimeter  come  close  to  the 
desired  even  temperature  after  the  power  had  been  on  an  integral 
number  of  minutes.  It  was  usually  possible  to  adjust  the  current, 
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so  that  the  final  temperature  would  be  within  0.01°  C  of  the  desired 
temperature. 

Th  e  resistance  of  the  calorimeter  heater  increased,  during;  the  first 
few  seconds  after  the  power  was  switched  on,  until  the  resistor  temper¬ 
ature  had  reached  a  steady  value.  Since  this  chancre  was  practically 
completed  before  the  first  current  reading  was  made  (){  min  after 
the  start),  the  correction  for  it  was  determined  by  separate  experi¬ 
ments.  The  correction  for  the  current  change  was  found  by  leaving 
the  galvanometer  connected  when  the  current  was  shifted  to  the 
calorimeter  and  observing  the  deflections  periodically  for  15  sec. 
The  integral  of  the  galvanometer  deflections  over  this  time  was  used 
to  compute  the  starting  correction  to  the  current.  The  starting  cor¬ 
rection  for  the  potential  drop,  which  is  of  the  opposite  sign,  was 
obtained  in  a  similar  manner.  These  corrections  were  then  combined 
to  get  the  energy  correction.  This  amounted  to  only  1  part  in  10,000 
of  the  whole  energy  input,  even  in  the  extreme  case. 

The  shift  in  current  from  the  substitute  resistor  to  the  calorimeter 
heater,  was  made  automatically  by  means  of  double-pole  double- 
throw  switch,  which  was  actuated  by  a  tensed  spring  and  released  by 
the  electric  seconds-signals  furnished  by  the  standard  clock.  Since 
the  heating  periods  were  integral  numbers  of  minutes,  no  significant 
errors  have  been  attributed  to  the  mechanism  for  transmitting  the 
electric  signals  from  the  clock.  Some  experiments  made  to  deter¬ 
mine  the  time  error  due  to  the  switch  showed  it  to  be  0.002  sec.  or  less 
and  therefore  insignificant. 

The  auxiliary  electrical-measuring  apparatus  used  in  the  measure¬ 
ment  of  the  power  and  its  calibration  have  been  described  in  part  1, 
The  routine  of  current  and  potential-drop  observations  for  evaluating 
the  power  input  are  described  later  in  the  description  of  heat-capacity 
measurements. 

The  small  amount  of  energy  transmitted  to  the  calorimeter  by  the 
pump  and  appearing  as  heat  added  was  included  in  the  accounting 
for  total  energy  added  in  any  experiment.  The  pump  speed  was  kept 
constant  at  approximately  70  rpm,  by  a  geared  drive  from  a  synchro¬ 
nous  motor.  Determinations  of  the  pump  power  thus  dissipated  as 
heat  were  a,  part  of  the  regular  routine  of  the  entire  experimental 
program.  These  determinations  were  made  calorimetrically  by 
observing  the  rise  in  temperature  produced  in  the  calorimeter  by 
running  the  pump  alone  with  no  electric-power  input,  keeping  control 
and  account  of  heat  leak  just  as  in  a  heat-capacity  measurement. 
These  pump-power  experiments  usually  lasted  for  half  an  hour  and 
the  energy  per  minute  was  derived  for  each. 

About  70  pump-power  determination  were  made  during  the  series 
of  heat-capacity  experiments.  Pump-power  determinations  were 
made  with  both  large  and  small  masses  of  water  in  the  calorimeter 
and,  at  one  time  or  another,  at  most  of  the  even  temperatures  where 
stops  were  made  in  the  experiments.  These  determinations  gave 
values  of  pump  power  about  0.2  to  0.3  j/min.  After  a  study  of  the 
resulting  values  of  pump  power,  simple  formations  were  derived  for 
use  in  calculating  pump  energies  in  the  heat-capacity  experiments. 

The  accidental  variation  of  the  observed  pump  power  from  the 
general  mean  was  larger  than  could  be  accounted  for  by  the  uncer¬ 
tainty  of  the  temperature  measurement,  but  this  was  usually  not 
more  than  would  correspond  to  about  1  part  in  20,000  in  the  value  of 
alpha. 
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The  characteristics  of  the  pump,  i.  e.,  speed,  power  input,  and 
corresponding  heat-distributing  effect,  had  been  investigated  by  pre¬ 
liminary  measurements  before  installing  the  pump  in  the  calorimeter 
shell  and  served  as  a  guide  in  choice  of  speed  for  the  most  advantageous 
operation  in  the  final  measurements. 

The  control  and  evaluation  of  heat  leak  is  a  vital  part  of  any  calo¬ 
rimetry  when  high  precision  is  sought.  The  means  provided  for  this 
purpose  have  been  described  in  part  1.  In  operation,  there  were 
usually  slight  deviations  from  the  ideal  control  which  would  nullify 
heat  leak.  The  small  corrections  for  this  remaining  heat  leak  were 
evaluated  with  the  aid  of  the  differential  thermoelements,  which 
indicated  temperature  differences  between  the  calorimeter  and  its 
envelope  by  the  number  of  microvolts.  These  differences  were  ob¬ 
served  every  minute  and  added  algebraically  to  give  sums  in  micro¬ 
volt-minutes,  called  “lieat-leak  factors.”  These  factors,  when  multi¬ 
plied  by  “lieat-leak  coefficients,”  give  the  heat-leak  corrections  for 
the  individual  experiments.  As  previously  stated  hi  another  way, 
the  calorimeter  was  designed  to  make  the  coefficient  small  by  con¬ 
struction  and  by  evacuation  of  the  insulating  space,  and  means  were 
provided  to  make  the  factor  small  by  manipulation  of  the  envelope 
temperature. 

The  total  heat  leak  as  determined  experimentally  consists  of  several 
parts,  designated  as  “envelope,”  “upper-tube,”  and  “lower-tube” 
heat  leaks.  The  envelope  heat  leak  is  the  chief  part  and  results 
mainly  from  radiation  between  the  surface  of  the  calorimeter  and  of 
the  envelope.  The  two  tube  heat  leaks  account  for  the  heat  transfer 
by  metallic  conduction  along  the  tubes  between  the  calorimeter  and 
envelope.  These  tube  heat  leaks  were  nearly  proportional  to  the 
envelope  heat  leak  but  hot  always  exactly  so  for  all  experimental  con¬ 
ditions,  and  therefore  they  were  corrected  for  separately.  Their 
coefficients  were  computed  with  sufficient  accuracy  from  the  knowl¬ 
edge  of  their  dimensions  and  the  thermal  conductivity  of  their 
material. 

The  envelope  lieat-leak  coefficient  (in  joules  per  microvolt-minute) 
was  determined  experimentally  during  the  early  part  of  the  program 
and  were  checked  occasionally  later.  This  was  done  by  exaggerating 
the  temperature  difference  between  the  envelope  and  the  calorimeter 
for  a  suitable  time,  observing  this  temperature  difference  and  the 
two  tube-temperature  gradients  every  minute  by  means  of  the 
thermoelements,  and  summing  these  thermoelement  indications  (in 
microvolt-minutes)  for  the  whole  period  to  give  the  heat-leak  factor. 
The  total  energy  change  in  the  calorimeter  was  computed  from  the 
measurements  of  the  calorimeter  temperature  before  and  after  this 
exaggerated  heat  leak.  This  energy,  when  corrected  for  the  pump 
energy  and  the  upper-  and  lower-tube  heat  leaks,  was  divided  by  the 
lieat-leak  factor,  to  give  the  envelope  lieat-leak  coefficient,  in  joules 
per  microvolt-minute,  at  the  mean  temperature  of  the  experiment. 
This  coefficient  included,  beside  the  radiation,  any  conduction  (except 
by  the  two  tubes)  which  was  proportional  to  the  temperature  differ¬ 
ence  between  the  shells.  This  accounted  for  conduction  through  the 
heater  and  thermoelement  wires.  The  gaseous  conduction  between 
these  shells  was  probably  negligible  with  the  evacuation  (less  than 
0.000,001-atmosphere  pressure)  maintained  during  all  the  experiments. 

The  factors  of  the  three  heat  leaks  were  determined  from  observa¬ 
tions  made  every  minute  during  the  experiments  and  were  summed 


574278  0  -  61  -20 


297/217 


Journal  oj  Research  of  the  National  Bureau  of  Standards  [ vot .  ns 

algebraically  for  the  whole  periods.  The  experimental  manipulation 
was  usually  such  as  to  make  the  envelope  heat-leak  factor  very  small. 
During  the  lieat-capacity  experiments,  the  entire  lieat-leak  correction 
would  seldom  affect  the  individual  results  by  as  much  as  1  part  in 
50,000.  It  might  be  thought  that  corrections  as  small  as  these  could 
have  been  disregarded,  but  had  they  not  been  regularly  observed  there 
would  be  no  assurance  that  they  were  always  insignificant. 

The  lower  tube  was  always  full  of  liquid,  and  precautions  were 
taken  to  keep  this  tube  always  cool  enough  to  prevent  boiling,  which 
might  have  caused  transfer  of  heat  to  the  calorimeter. 

In  addition  to  the  various  heat  leaks  mentioned,  there  is  the  possi¬ 
bility  of  a  residual  heat  leak  which  could  have  been  overlooked  in  the 
accoimting  for  energy.  This  residual  heat  leak  would  be  one  which 
still  occurred  when  everything  else  was  eliminated  and  could  be 
observed  during  periods  when  the  pump  was  stopped  and  all  other 
heat-leak  factors  kept  as  near  zero  as  possible.  A  few  such  experi¬ 
ments  were  made  but  gave  little  more  than  a  detectable  coefficient. 
These  experiments  were  discontinued,  because  whatever  this  residual 
heat  leak  was,  it  was  included  always  in  determinations  of  the  pump 
power  and  therefore  not  neglected. 

In  the  heat-capacity  experiments,  the  usual  procedure  was  to  start 
observing  the  calorimeter  temperature  at  3  min  after  the  end  of  the 
heating  period.  Investigation  showed  that  thermal  equilibrium  was 
not  complete  in  that  time  and  that  a  small  correction  should  be  made 
if  that  temperature  were  used.  This  correction  was  found  to  be  a 
function  of  the  amount  of  water  in  the  calorimeter  and  the  tempera¬ 
ture  of  the  experiment.  Although  it  was  very  small,  it  was  applied 
to  all  heat-capacity  experiments. 

3.  ACCOUNTING  FOR  CHANGE  IN  STATE 

The  temperature  of  the  calorimeter  and  contents  was  measured 
by  a  platinum  resistance  thermometer  used  in  conjunction  with 
thermoelements,  as  previously  described.  The  temperature  change 
of  the  calorimeter  and  contained  water  sample  was  thus  accurately 
observed  in  all  experiments.  All  observed  temperatures  are  expressed 
on  the  International  Temperature  Scale. 

For  determining  either  the  initial  or  final  temperature,  each  tem¬ 
perature  reading  consisted  in  simultaneous  observations  of  resistance 
thermometer  and  thermoelements.  The  eight  thermoelements  on  the 
calorimeter  were  connected  in  series  to  indicate  the  mean  tempera¬ 
ture  of  the  calorimeter  with  respect  to  the  reference  block.  Four 
successive  temperature  readings  were  made  at  half-minute  intervals. 
This  method  of  making  several  successive  temperature  readings  is 
desirable  for  several  reasons.  The  four-lead  potential-terminal  re¬ 
sistance  thermometer  requires  at  least  two  observations  to  eliminate 
the  lead  resistance  from  the  measurement.  Increasing  the  number 
of  readings  decreases  the  accidental  error  of  observation.  A  regular 
schedule  of  readings  takes  account  of  slight  drift  in  temperature. 

A  change  in  the  proportion  of  liquid  and  vapor  in  the  calorimeter 
occurs  in  the  experiments.  This  change  is  analyzed  in  the  theory 
of  the  method  and  is  accounted  for  by  use  of  the  supplementary 
quantity,  which  is  designated  as  /3. 

Special  details  of  the  experimental  procedure  that  apply  to  the 
carrying  out  of  the  calorimetric  measurements  will  next  be  described. 
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4.  DESCRIPTION  OF  HEAT-CAPACITY  MEASUREMENTS 

It  will  be  recalled  that  these  experiments  yield  values  of  the  change 
with  temperature  of  the  quantity  a.  Combined  algebraically  with 
corresponding  changes  of  the  quantity  /?,  obtained  from  calculations, 
the  data  suflice  to  determine  the  change  in  enthalpy,  LI,  of  the  saturated 
liquid. 

The  procedure  in  these  heat-capacity  experiments  consisted  essen¬ 
tially  in  heating  a  sample  of  water,  part  liquid  and  part  vapor,  over 
an  accurately  measured  temperature  range  and  in  accounting  for 
the  energy  added  in  the  process.  Two  such  heat-capacity  deter¬ 
minations,  a  gross  and  a  tare,  are  required  for  an  evaluation  of  the 
change  in  a.  These  two  determinations  over  the  same  temper¬ 
ature  interval  are  made  with  different  amounts  of  water,  always 
maintaining  the  saturation  condition.  One  determination,  made 
with  a  large  charge,  yields  a  gross  value  of  energy  added.  The  other, 
made  with  a  small  charge,  yields  a  tare  value.  The  difference,  or 
net  value,  of  energy  added,  divided  by  the  net  mass,  gives  the  value 
of  the  change  in  a  for  that  temperature  interval.  This  method  of 
differences  avoids  the  necessity  of  determining  the  heat  capacity  of 
the  empty  calorimeter. 

In  an  experiment  starting,  for  example  at  0°  C,  the  calorimeter  is 
first  cooled  by  the  following  procedure.  The  cold  water  from  the 
cooling  tank,  where  the  temperature  is  a  few  tenths  of  a  degree  below 
0°  C,  flows  through  the  condenser  ( W1  in  fig.  3)  located  at  the  top  of 
the  main  steam  jacket,  the  condenser,  W2,  located  at  the  top  of  the 
reference  block  steam  jacket,  the  guard  cooling  coil,  W3,  and  the 
stuffing-box  cooling  cell,  Wfi  The  space  between  the  envelope  and 
calorimeter  is  filled  with  helium  to  increase  heat  transfer  between  the 
two.  Heat  from  the  calorimeter  and  contents  is  transferred  to  the 
colder  surroundings  until  the  temperature  of  the  calorimeter  and 
contents  is  about  0°  C.  This  process  took  many  hours  when  the 
calorimeter  contained  a  large  charge  and  was  usually  done  overnight. 
In  a  few  of  the  experiments  starting  near  zero  the  temperature  of  the 
calorimeter  and  contents  was  reduced  to  a  few  hundredths  of  a  degree 
below  zero.  At  no  time  was  there  any  evidence  of  freezing  in  the 
calorimeter. 

The  envelope  and  the  reference  block  are  then  brought  to  the 
temperature  of  the  calorimeter.  The  helium  is  then  pumped  out  of 
the  envelope  space  to  reduce  heat  transfer.  The  circulating  pump 
is  started  at  the  desired  speed,  and  the  apparatus  is  ready  for  the 
beginning  of  an  experiment. 

The  equilibrium  temperature  of  the  calorimeter  and  its  contents 
is  observed  as  described  in  section  3.  The  storage  battery  is  con¬ 
nected  to  the  calorimeter  heater  by  the  switch  actuated  by  the  time 
signals.  At  about  the  same  time,  the  power  is  supplied  to  the  envelope 
heater  and  reference-block  heater.  The  currents  in  these  heaters  are 
adjusted  so  that  the  temperatures  of  the  envelope  and  reference  block 
stay  very  close  to  the  temperature  of  the  calorimeter.  The  differential 
thermoelement  indications  for  determining  the  heat  leak  are  observed 
almost  continuously  and  recorded  once  each  minute.  One  or  more 
complete  surveys  with  all  thermoelement  combinations  are  usually 
recorded  in  each  individual  experiment.  The  current  and  potential 
drop  in  the  calorimeter  heater  are  observed  on  alternate  minutes  start¬ 
ing  with  the  first  half-minute  of  the  interval.  The  calorimeter  heating 
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is  continued  for  an  integral  number  of  minutes  and  stopped  when  the 
desired  temperature  interval  has  been  completed. 

The  rate  of  heating  was  chosen  as  0.5°  C/min,  and  the  calorimeter 
heater  current  was  adjusted  before  the  beginning  of  each  experiment, 
so  that  after  the  integral  number  of  minutes,  the  calorimeter  tempera¬ 
ture  ended  very  close  to  the  desired  even  temperature.  The  envelope 
and  reference-block  heater  currents  were  adjustable  to  keep  the  tem¬ 
peratures  of  the  envelope  and  reference  block  very  near  that  of  the 
calorimeter  at  all  times.  After  several  minutes,  to  allow  the  calorim¬ 
eter  and  contents  to  come  to  temperature  equlibrium,  the  final  temper¬ 
ature  was  observed.  This  completed  the  lieat-capacity  experiment. 

Two  groups  of  such  experiments  were  made,  one  with  large  charges 
of  water  in  the  calorimeter  and  the  other  with  small  charges.  The 
experiments  with  small  charges  may  be  regarded  as  determinations 
of  the  tare-heat  capacity  of  the  calorimeter.  Choice  of  the  extent  of 
the  temperature  intervals  was  governed  by  the  rate  of  change  of  heat 
capacity  with  temperature.  It  was  found  that  10°  intervals  were 
suitable  to  determine  the  trend  over  most  of  the  temperature  range. 
Toward  0°  C,  where  the  change  was  increasingly  rapid,  the  shorter 
intervals  of  5°,  2.5°,  and  finally  1°  C,  gave  more  convincing  evidence 
about  this  rate  of  change,  even  at  the  cost  of  some  loss  in  the  percent¬ 
age  of  accuracy  of  the  intervals. 

During  the  heat-capacity  experiments,  the  upper  tube  was  closed 
at  both  its  upper  and  lower  ends  by  metal  disks.  In  this  way,  possible 
error  from  condensation  of  water  in  the  upper  tube  was  avoided. 

IV.  RESULTS  OF  HEAT-CAPACITY  EXPERIMENTS 

The  observations  made  during  the  experiments  were  recorded  on 
separate  laboratory-data  sheets  as  soon  as  they  were  made.  The  com¬ 
putations  from  these  sheets  were  often  begun  before  all  of  the  day’s 
data  sheets  had  been  completed,  and  it  was  the  rule  to  have  prelim¬ 
inary  results  of  the  data  for  one  day  before  the  experiments  of  the  next 
day  were  under  way.  This  made  it  possible  to  arrange  the  day’s  ob¬ 
servations  with  the  full  knowledge  of  what  was  most  needed  and  what 
special  precautions,  if  any,  needed  to  be  taken  in  observing.  As  more 
data  were  collected,  it  was  possible  to  get  and  use  more  complete 
knowledge  of  contributor}^  results,  such  as  pump  power,  heat-leak 
coefficients,  etc.,  that  enter  into  the  final  reductions.  Lastly,  correc¬ 
tions  were  made  for  all  known  factors.  The  energies  thus  determined 
for  the  actual  temperature  intervals  were  then  interpolated  to  even 
temperature  intervals.  These  were  reduced  to  determinations  of  the 
change  of  a  over  separate  temperature  intervals.  These  data  were 
then  formulated  for  use  in  the  computation  of  tables  and  for  compu¬ 
tations  involving  the  heat  capacity  of  water. 

In  table  1,  a  typical  data  sheet  is  shown  for  a  “large-mass”  experi¬ 
ment  made  with  1,093.647  g  of  water  in  the  calorimeter.  The  observa¬ 
tions  recorded  under  “Power”  consist  of  the  potentiometer  readings 
of  potential  drop  and  current  in  the  calorimeter  heater  after  applying 
the  decimal  factors  for  standard  resistor  and  volt  box  to  reduce  the 
readings  to  volts  and  amperes.  Under  “Thermometer”  are  given  both 
“normal”  (AO  and  “reverse”  ( R )  bridge  readings  of  the  resistance  of 
the  thermometer  in  the  reference  block.  The  remaining  observations 
are  thermoelement  readings,  in  microvolts.  The  column  “Calorimeter 
minus  reference  block”  shows  the  thermoelement  readings  of  the  eight 
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thermoelements  (JT+JB)  used  in  the  measurement  of  the  average 
temperature  of  the  calorimeter.  Under  “Envelope  minus  calorimeter” 
are  recorded  the  readings  of  the  eight  thermoelements  on  the  enve¬ 
lope  (JU-\-JL)  opposed  to  the  eight  on  the  calorimeter  ( JT-\-JB ). 
The  column  “Lower  tube”  shows  the  indications  of  the  thermoelements 
(■ J9—J8 ),  while  the  column  “Upper  tube”  shows  ( J7—J5 ).  In  the 
last  column,  a  survey  of  thermoelement  indications  is  shown,  starting 
just  after  the  routine  observations  at  11:57.  At  least  one  such  survey, 
taking  less  than  a  minute,  was  made  in  each  experiment. 


Table  1. — Sample  data  sheet 


[Temperature  interval  25°  to  30°  C _ _ _  October  27,  1937] 


Power 

Thermoelement  readings 

Time 

Poten¬ 
tial  drop 

Current 

Thermome¬ 

ter, 

Bridge 

readings 

Calorim¬ 

eter 

minus 

reference 

block 

Enve¬ 

lope 

minus 

calo¬ 

rimeter 

Lower 

tube 

Upper 

tube 

Survey  of 
other 
thermo¬ 
elements 

11:53 

V 

amp 

Ohms 

30.  41524  N 

-0.  4 

m" 

1 

-1 

0 

nv 

53.5 

30.41517  R 

-.5 

54 

30.41516  R 

-.  5 

2 

54.  5 

30.41524  N 

-.6 

55 

On _ 

1 

-1 

0 

55.5 

0.  60268 

2 

-3 

5 

56.5 

65. 965 

0 

-0 

-3 

5 

57.5 

.  60209 

JU 

1 

0 

-3 

5 

JL 

1 

58.5 

65. 965 

JT 

0 

-1 

JB 

-1 

59.5 

.  60274 

n 

0 

-1 

-4 

5 

J5 

-12 

12:00.  5 

65.  964 

J8 

_2 

0 

J10 

-3 

01.5 

.  60278 

0 

-3 

5 

02.5 

65.  963 

-1 

03.5 

.  60283 

-1 

-3 

5 

04.  5 

65.  963 

05 

Off . 

-1 

06 

-2 

07 

0 

08 

30.90171  N 

-0.  3 

2 

08.  5 

30.96162  R 

-.  3 

09 

30.96165  R 

-.4’ 

0 

-1 

0 

09.5 

30.96171  N 

— .  5* 

Table  2  shows  a  computation  sheet,  using  the  data  given  in  table  1. 
The  first  step  is  the  calculation  of  the  temperature  of  the  calorimeter. 
The  average  of  the  first  four  bridge  readings  is  taken  as  the  resistance 
of  the  thermometer  at  the  mean  time.  Using  the  thermometer  and 
bridge  calibrations,  the  temperature  of  the  reference  block  correspond¬ 
ing  to  this  resistance  value  is  obtained.  Likewise,  the  average  of  the 
first  four  readings  of  the  thermoelements  (JT-fiJB)  is  found  and  from 
this  and  the  calibrations,  the  difference  in  temperature  called  “temp, 
cal.  minus  temp.  ref.  block”  is  obtained  at  the  same  mean  time. 
Combination  of  these  temperature  measurements  gives  the  initial 
temperature  of  the  calorimeter  at  that  time,  considered  as  the  begin¬ 
ning  of  the  experiment.  The  same  method  is  used  in  the  computation 
of  the  final  temperature. 
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Table  2. — Sample  computation  sheet ,  using  data  shown  in  table  1 


[Temperature  interval  25°  to  30°  C .  .  _ _ October  27, 1937] 

Steps  in  computations 

Temperature 

Initial 

Final 

Average  of  bridge  readings _ _  _ _ (ohms).. 

Temperature  of  reference  block.  ...  . . .  _  .  _  . . __(°C)__ 

Average  thermoelement  reading . . .  . . .  (#i»).. 

Temp.  cal.  minus  temp.  ref.  block  . . .  __(°C)_. 

Temperature  of  calorimeter...  ......  . .  ....  _  .  (°C)._ 

Average  of  potentiometer  readings _ _ _ _ _  .. 

30. 41520 

25. 0034 
-0.  50 
-  0.0010 

30. 96167 

30. 0036 
-0. 38 
-0. 0008 

25.  0024 

30.  0028 

Energy 

Potential  drop 

Current 

V 

65. 9640 
0. 0001 
.0090 
0324 

amp 

0.  602744 
. 000009 
. 000090 
-.000296 
-.  003298 

Correction  for  timing  of  readings _ _ 

Potentiometer  calibration  correction. 

Correction  for  potentiometer  ratio.  _ _ _  _ _ _ _ 

Volt-box  current.  ......  ...  .. 

Correction  for  volt-box  factor...  .  ... 

.0011 

Correction  for  standard  resistance  factor  ...  _  _  _  _ 

-. 000086 

Electric  energy  for  600  sec . . . . . . 

65.  9418  0.  599163 

int.  j 

23,  705. 9 

3.7 

0.0 
-.  1 

0.3 

2.3 

-0.2 

23,  711.  9 

11.4 

-13.3 

23, 710. 0 

Pump  energy  for  15  min _ 

Envelope  heat  leak  (for  —2  nv  min) .  _ _ _  ......  _ 

Lower  tube  heat  leak  (for —36  min).  ...  _  ..  _  _ 

Upper  tube  heat  leak  (for  50  #i»  min) _  .  _ _ _  _ 

Starting  correction  . .  . 

Equilibrium  correction . . .  . . 

Energy  added  to  calorimeter  and  contents. ..  .  .  . . . 

Energy  to  correct  initial  temp,  to  25°  C _  ...  ...  _ 

Energy  to  correct  final  temp,  to  30°  C _ 

Energy  for  even  temp,  interval,  25°  to  30°  C _ _ _ _ 

The  next  step  is  the  computation  of  the  electric-energy  input  to  the 
calorimeter  during  the  heating  period,  11:55  to  12:05.  The  potential 
drop  across  the  calorimeter  heater  is  calculated  from  the  average  of  the 
five  potentiometer  readings  of  potential  drop.  Since  these  potentiom¬ 
eter  readings  are  not  distributed  symmetrically  about  the  middle  of 
the  heating  period,  a  small  correction  is  made  to  account  for  the  drift 
during  the  experiment.  This  is  recorded  as  “correction  for  timing 
of  readings.”  The  “potentiometer  calibration  correction”  is 
computed,  taking  into  account  the  calibrations  made  during  the  day 
of  the  experiment.  The  “correction  for  potentiometer  ratio”  has 
been  explained  in  part  1  of  this  report  under  “measuring  instruments 
and  calibrations.”  The  correction  for  the  volt-box  calibration  factor 
is  also  recorded.  Applying  all  of  these  corrections  to  the  average  of 
the  potentiometer  readings,  the  average  calorimeter  potential  drop, 
expressed  in  international  volts,  is  computed. 

Likewise,  the  average  calorimeter  heater  current  (international 
amperes)  is  computed.  In  this  case,  corrections  must  be  made  for  the 
current  through  the  volt  box  and  for  the  standard  0.1-ohm  calibration 
factor.  By  multiplying  together  the  current,  the  potential  drop,  and 
the  time  of  electric  heating  (600  sec),  the  total  electric  energy  (inter¬ 
national  joules)  is  computed. 
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The  next  step  is  the  computation  of  the  total  energy  added  to  the 
calorimeter  and  contents  during  the  experiment.  This  is  obtained 
by  adding  to  the  total  electric  energy  the  following  small  energy 
corrections.  The  pump  energy  is  calculated  from  the  value  of  power 
formulated  from  pump-power  experiments.  This  pump  power  was 
multiplied  by  the  time  of  the  experiment  (15  min)  to  give  the  pump 
energy.  The  three  heat  leaks  (envelope,  upper  tube,  and  lower  tube) 
were  computed  by  summing  the  thermoelement  readings  from  table  1 
to  give  heat-leak  factors  in  microvolt-minutes.  These  factors  were 
multiplied  by  their  respective  heat-leak  coefficients  to  give  the  heat- 
leak  corrections.  The  “starting  correction”  and  “equilibrium  cor¬ 
rection,”  which  have  been  described  in  the  previous  section,  were 
calculated  from  the  results  of  the  special  experiments.  The  sum  of 
the  electric  energy  and  all  the  energy  corrections  gives  the  entire 
energy  added  to  heat  the  calorimeter  and  its  contents  from  the  initial 
temperature,  25.0024°  C,  to  the  final  temperature,  30.0028°  C. 

In  the  reduction  of  the  results,  it  was  convenient  to  use  the  even 
temperature  interval  25°  to  30°  C.  Therefore,  corrections  were  made 
for  the  small  deviations  of  the  measured  temperatures  from  the 
intended  even  temperatures.  Only  approximate  values  of  the  heat 
capacity  of  the  calorimeter  and  contents  were  necessary  to  make  these 
corrections.  The  resulting  energy  is  recorded  as  “energy  for  even 
temperature  interval,”  and  will  be  referred  to  as  A Q. 

The  sample  computation  just  described  is  one  of  the  256  assembled 
in  table  3.  This  table  contains  the  substance  of  the  principal  data 
and  preliminary  reductions  of  the  heat-capacity  experiments  made 
with  a  large  mass  of  water  in  the  calorimeter.  Table  4  contains  a 
similar  assembly  of  the  principal  data  of  the  137  experiments  made  with 
a  small  mass  of  water.  These  two  tables  comprise  an  abstract  of  the 
record  of  all  the  experimental  data  which  were  accepted  as  trust¬ 
worthy.  Only  those  experiments  in  which  the  technique  was  faulty 
or  the  record  incomplete  were  excluded.  Further  reductions  of  these 
dataware  included  in  these  tables,  as  next  described. 

Each  experiment  for  the  temperature  interval  At  gives  a  value  of 
A Q  which,  according  to  the  theory  [1],  should  satisfy  the  equation 

AQ_AZ  MAa 

At~~At~'  At  ’ 

where  M  is  the  mass  of  water  in  the  calorimeter,  AZ/At  is  a  property  of 
the  calorimeter  independent  of  the  amount  of  water  in  it,  and  Aa/At 
is  a  specific  property  of  the  water.  By  taking  all  the  equations  for 
one  temperature  interval  for  both  the  large-  and  small-mass  experi¬ 
ments,  it  is  possible  to  solve  for  the  Aa/At  and  AZ/At  for  that  interval 
by  the  method  of  least  squares,  as  was  done  in  previous  publications. 
Actually,  however,  since  approximate  values  of  Aa/At  were  available 
from  previous  researches,  it  was  found  expedient  to  solve  for  pre¬ 
liminary  values  of  AZ/At  as  the  experimental  work  progressed,  using 
these  tentative  values  of  Aa/At  together  with  the  data  from  experi¬ 
ments  with  small  mass.  These  values  of  AZ/At  were  smoothed  by 
formulating  dZ/dt  and  were  then  used  with  the  large-mass  data  to 
compute  corresponding  values  of  Aa/At.  Successive  substitutions 
of  these  tentative  values  of  AZ/At  and  Aa/At  gave  rapid  approach  to 
the  limiting  mean  values,  since  the  ratio  of  the  large  to  the  small 
masses  was  usually  about  8.6.  This  method  of  reduction  facilitated 
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the  preliminary  survey  of  results  as  the  experimental  data  accumu¬ 
lated  and  served  as  a  guide  in  the  choice  of  temperature  intervals 
best  suited  to  determine  the  trend  of  the  heat-capacity  curve. 

As  finally  reduced  and  recorded  in  table  4,  the  result  of  each  ex¬ 
periment  with  small  mass  constitutes  a  separate  determination  of 
AZ/At,  and  the  entire  series  of  these  results  is  a  calibration  of  the 
calorimeter.  Similarly,  the  result  of  each  experiment  with  large 
mass,  as  reduced  by  use  of  the  calibration  results  and  recorded  in 
table  3,  constitutes  a  separate  determination  of  Aa/At,  and  the  entire 
series  is  a  determination  of  the  heat  capacity  of  water  in  the  range 
0°  to  100°  C. 

A  comparison  of  the  individual  results  with  the  average  values 
indicates  the  degree  of  consistency  of  the  measurements,  and  com¬ 
parison  of  the  averages  with  the  formulated  values  indicates  the 
degree  of  consistency  of  the  trend  with  temperature.  The  manner 
of  formulation  of  these  results  will  next  be  described. 

Since  all  experiments  are  necessarily  made  over  finite  temperature 
intervals,  the  results,  in  terms  of  increments  Aa/At  and  AZ/At,  differ 
slightly  from  the  corresponding  derivatives,  da/dt  and  dZ/dt.  These 
differences  were  computed  by  use  of  preliminary  approximate  equa¬ 
tions  and  were  used  to  get  the  corresponding  values  of  da/dt  and 
dZ/dt&  at  the  mid  temperatures  to  be  fitted  by  formulas. 

The  empirical  formula  chosen  for  dZ/dt  has  the  following  form: 

dZ/dt=A+Bt+C(t+G0)51i. 

The  final  coefficients  determined  from  the  average  values  of  AZ/At 
listed  in  table  4  are  A  =  168.69,  I?=0.089,  and  (7=68.85214 X10~10, 
where  t  is  in  degrees  centigrade  and  dZ/dt  is  in  international  joules 
per  degree  centigrade.  Values  of  AZ/At  calculated  from  this  formula 
are  given  in  table  4  as  formulated  values  of  AZ/At.  It  appears  that 
a  further  adjustment  of  the  dZ/dt  formulation  by  another  approxi¬ 
mation  would  have  changed  the  final  value  of  da/dt  by  about  1  part  in 
80,000  at  0°  C  and  by  successively  smaller  amounts  up  to  100°  C. 
This  change  was  considered  as  sufficiently  insignificant  to  be  neglected. 

The  formulation  for  da/dt  was  based  on  the  values  of  Aa/At  given 
in  table  3.  The  average  values  of  Aa/At  were  computed  for  each  of 
the  20  temperature  intervals  and  then  corrected  for  deviations  from 
the  derivatives  to  get  corresponding  mean  values  of  da/dt.  It  is  obvi¬ 
ous  that  some  of  these  experimental  means  should  have  more  weight 
than  others.  For  example,  the  19  experiments  over  the  10°  interval 
from  40°  to  50°  C  should  have  more  weight  than  the  4  experiments 
over  the  1°  interval  from  0°  to  1°  C.  The  means  were  therefore 
weighted  approximately  proportionally  to  the  number  of  experiments 
times  the  number  of  degrees  in  the  interval.  A  least-squares  solution 
was  then  made  for  the  constants  in  the  following  empirical  equation: 

da/dt =Af-Bt-\-C(l  0)-°-03ct . 

The  constants  were  found  to  be  Al=4.1699,  i?=0.000  015  27, and 
(7=0.0467,  where  t  is  in  degrees  centigrade,  and  da/dt  is  in  interna¬ 
tional  joules  per  gram-degree  centigrade.  Using  this  equation,  the 
values  of  Aa/At  for  each  of  the  intervals  have  been  computed  and  are 
recorded  in  table  3  for  each  interval.  The  deviations  from  these 
formulated  values  are  tabulated  in  the  last  column  of  table  3. 
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It  may  be  seen  from  table  3  that  in  the  later  experiments  there  is  a 
trend  to  lower  values  of  AajAt.  The  experiments  above  5°  C  made 
after  October  28,  1937,  show  values  of  AajAt  which  average  about  1 
part  in  10,000  less  than  those  before  that  date.  No  explanation  is 
offered  for  this  change,  and  the  fact  is  taken  merely  as  evidence  of  the 
limitation  of  accuracy  due  to  unknown  systematic  causes. 

Since  the  specific  heat  at  ordinary  atmospheric  pressure  is  the  prop¬ 
erty  of  water  most  commonly  utilized  for  calorimetric  purposes,  this 
property  was  determined  by  further  reduction  of  the  experimental 
average  values  of  AajAt  given  in  table  3.  This  computation  will  next 
be  described. 

The  reduction  may  be  considered  in  three  steps,  which  are  indicated 
in  table  5,  starting  with  the  average  of  the  measured  values  of  AajAt. 
At  saturation  pressure,  the  mean  enthalpy  change,  All/At,  exceeds 
AajAt  by  the  quantity  Aj3/At,  as  shown  in  the  theory.  The  values  of 
this  reduction  term,  as  given  in  column  3,  were  calculated  by  the 
relation  p—TudPjdT,  as  explained  in  part  1  of  this  report.  Values 
of  the  specific  volume,  u,  were  obtained  from  the  density  data  of 
Chappuis  [10]  up  to  50°  C  and  of  Thiesen  [11]  up  to  100°  C,  and  the 
compressibility  data  of  Smith  and  Iveyes  [12],  Values  of  dPjdT  were 
obtained  from  an  unpublished  formulation  of  the  vapor-pressure  data 
of  the  Reichsanstalt  as  reformulated  by  Harold  T.  Gerry  and  used  for 
the  saturation  pressure  table  by  the  International  Steam  Conference 
of  1934  [9,  36], 

Next,  values  of  the  term  for  reduction  to  mean  enthalpy  change  at 
1-atmosphere  pressure,  (AHjAt)P=l—(AH/At)sat.,  as  given  in  column  4, 
were  calculated  by  the  relation 


using  the  same  data  as  above.  There  is  still  the  difference  between 
the  mean  value  of  the  change  of  enthalpy  per  degree  at  1  atmosphere 
and  the  derivative,  CP=  i,  the  desired  specific-heat  value  at  the  mid¬ 
temperature  of  the  interval.  This  reduction  term,  C P=\—  {AHj  At)  P=x, 
given  in  column  5,  was  computed  by  using  a  preliminary  approximate 
equation  for  Cv. 

The  20  experimental  values  of  Cp  in  column  6,  which  were  obtained 
by  applying  the  three  reduction  terms  just  described,  were  then 
formulated,  using  the  same  weighting  factors  previously  used  in  the 
formulation  of  dajdt.  After  tests  of  types  of  functions  to  represent 
the  experimental  data,  the  empirical  equation  finally  chosen  was 


Cp=H+R(m00)5-26+O(10)-°-036‘- 


The  coefficients  were  determined  by  least  squares  to  be  H  =  4.169  036, 
R=0.000  3639(10)-10,  and  (7=0.0467,  when  t  is  expressed  in  degrees 
centigrade,  and  Cp  in  international  joules  per  gram-degree  centigrade 
at  1 -atmosphere  pressure.  Both  the  formulated  and  the  experimental 
values  of  Cp  are  given  in  table  5,  together  with  the  deviations.  The 
midtemperatures  of  the  temperature  intervals  are  given  also. 

Figure  4  shows  graphically  the  comparison  of  the  experimental 
values  with  the  formulated  values  of  CP.  In  this  figure  the  areas  of 
the  circles  representing  the  observed  means  are  made  proportional  to 
the  weights  assigned  in  the  formulation.  In  other  words,  the  larger 
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circles  indicate  that  more  experiments  or  larger  temperature  intervals 
are  represented.  The  degree  of  accord  of  the  formulation  with  the 
experimental  results  shows  that  this  fairly  simple  empirical  equation 
is  adequate  to  represent  the  results  over  the  entire  100°  C  range. 
However,  this  agreement  must  not  be  taken  "as  an  estimate  of  the 
accuracy  of  the  results,  since  it  takes  no  account  of  unknown  system¬ 
atic  errors,  which  may  well  be  larger  than  the  accidental  errors. 
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Figure  4. — Deviations  of  mean  measured  Cp  from  formulation.  Areas  of  circles 
are  proportional  to  the  weights  assigned  to  the  mean  values. 

Figure  5  shows  a  comparison  of  the  heat  capacities.  It  should  be 
noted  from  the  figure  that  the  scale  of  the  heat  capacities  is  very 
much  exaggerated  and  that  the  extreme  range  of  the  values  of  Cpl 
between  0°  and  100°  C  is  only  about  1  percent.  The  da/dt  line  gives 
essentially  the  measured  values  of  heat  capacity.  The  departure  of 
the  (dll/dt) Sllt  line  from  the  da/dt  line  represents  the  magnitude  of 
the  dj/dt  reduction.  The  difference  between  the  Cv  line  and  the 
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Figure  5. — Comparison  of  heat  capacities. 

(dH/dt) 8at  line  shows  the  magnitude  of  the  reduction  to  1 -atmos¬ 
phere  pressure.  The  experimental  values  have  not  been  plotted  on  this 
figure,  because  only  one  or  two  values  would  fall  outside  the  width 
of  the  line  in  spite  of  the  exaggerated  scale. 

Water  is  often  used  as  a  calorimetric  medium  and  also  as  a  standard 
of  heat  capacity,  as,  for  example,  in  a  condensing  calorimeter  for 
measuring  the  enthalpy  of  superheated  steam  or  for  measuring 
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specific  heats  by  the  method  of  mixtures.  For  such  purposes,  it  is 
useful  to  know  the  integral  of  the  specific  heat  ( Cp )  function,  since 
these  calorimetric  measurements  must  necessarily  apply  to  finite 
temperature  intervals.  A  table  of  values  of  the  integral,  giving  the 
heat  content,  or  enthalpy,  from  0  to  each  temperature  at  intervals  of 
1°  from  0°  to  100°  C  has  been  prepared  for  this  use.  This  table  has 
been  compiled  in  terms  of  absolute  joules  per  gram  and  international 
steam-table  calories  per  gram  instead  of  any  of  the  numerous  heat 
units  which  have  been  used  in  the  past,  and  defined  variously  in 
terms  of  the  heat  capacity  of  water. 

Since  the  absolute  practical  electrical  units  are  expected  to  replace 
the  present  international  units  on  January  1,  1940,  it  seems  desirable 
to  use  the  absolute  joule  rather  than  the  international  joule  which 
has  been  used  in  the  measurements,  but  which  is  likely  so  soon  to  be 
obsolete.  Also  since  the  international  steam-table  calorie  (IT  Cal), 
defined  as  1/860  int.  whr,  has  now  become  the  basis  of  heat  units 
used  in  steam  tables,  values  are  included  in  this  unit. 

The  conversion  factor  from  international  joules  to  absolute  joules, 
being  based  on  measurement,  can  not  be  exactly  known,  but  the 
uncertainty  has  been  greatly  reduced  by  the  more  recent  measure¬ 
ments  of  the  absolute  ohm  and  absolute  ampere  in  terms  of  the 
electrical  standards  maintained  in  National  laboratories.  Since  a 
final  official  figure  for  this  factor  has  not  yet  been  announced,  the 
value  1  int.  j  =  1.00019  abs.  j  used  here  was  an  estimate  of  the  probable 
value  of  the  absolute  joule  in  international  joules  as  derived  from 
electrical  standards  maintained  in  this  laboratory  and  was  based  on 
recent  measurements,  partly  unpublished.  It  is  believed  that  this 
value  expresses  the  equivalent  of  the  units  actually  used  within  1  or  2 
units  in  the  last  place. 

The  equation  for  Cp  in  international  joules  per  gram-degree  centi¬ 
grade  has  been  converted  to  absolute  joules  per  gram-degree  by  multi¬ 
plying  the  coefficients  by  the  factor  1.00019,  giving  the  new  equation 

0),  =  4. 169828 -j-0. 000364  (f-bl00)5-26X10-10  +  0. 046709  (10)-0-036‘, 

where  t  is  in  degrees  centigrade  and  Cp  is  in  absolute  joules  per  gram- 
degree  centigrade  at  1 -atmosphere  pressure.  By  integration  of 
Cpdt,  the  equation  for  enthalpy,  Hp,  at  1-atmosphere  pressure  in 
absolute  joules  per  gram  is  obtained.  Taking  the  value  of  H8 at.  as 
0  at  0°  C,  the  equation  is 

//r  =  0.102559  +  4.1692&  +  [5.8142(<+  100)6>20X  10~15— 0.563485(10)~0-036']  '0, 

where  t  is  in  degrees  centigrade,  and  Hp  in  absolute  joules  per  gram 
at  1 -atmosphere  pressure. 

Values  of  both  Cp  and  Hp  are  given  in  table  6.  The  values  of  Hp, 
in  IT  Cal,  have  been  computed  from  the  values  in  absolute  joules  per 
gram  by  use  of  the  conversion  factor  1  abs.  j  =  0. 238846  IT  Cal. 

This  gives  values  of  Hp  which  are  larger  by  1  part  in  100,000  than 
correspond  to  the  present  definition  of  the  IT  Cal  but  are  in  agree¬ 
ment  with  a  redefinition  of  the  IT  Cal  as  0.001163  abs.  whr,  which 
has  been  suggested  for  adoption  when  the  change  in  electrical  units 
takes  place.  This  small  discrepancy  is  less  than  the  amount  which  is 
important  in  steam  tables,  and  likewise  less  than  the  uncertainty  of 
the  present  measurements. 
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The  enthalpy  of  saturated  liquid  water  is  one  of  the  important 
items  in  the  compilation  of  steam  tables.  Values  of  this  property 
were  computed  by  use  of  the  formula  for  dajdt  and  values  of  /3. 

The  formula  for  da/dt  in  international  joules  per  gram-degree 
centigrade  is 

da/dt=4. 1699  + 15.27  £X10~6  +  0.0467(10)-0-03V 

By  integration,  the  following  equation  for  the  increment  of  a  is 
obtained: 

a*o=  [4. 1 099^  +  7.635^  X  1(T6-  0.56376  X 1 0-°-036To. 

Values  of  al0  computed  by  this  equation,  at  every  5°  point  from  0° 
to  100°  C,  are  given  in  table  7.  Values  of  f3 ,  computed  as  previously 
described,  are  also  given.  Values  of  enthalpy  are  found  by  adding 
the  increment  of  /3  to  a‘0,  and  are  given  in  the  table  in  international 
joules  per  gram  and  also  converted  to  absolute  joules  per  gram  and  to 
International  Steam  Table  Calories  per  gram,  using  the  conversion 
factors  stated  above. 


Table  3. — Principal  data  from  large-mass  heat-capacitij  experiments 


Date 

Mass  of 
water,  M 

Initial 

temper¬ 

ature 

Final 

tempera¬ 

ture 

Heat 

leak 

PumR 

energy 

Energy 
for  even 
tempera¬ 
ture  in¬ 
terval 

Aa/At 

Devia¬ 
tion  from 
formula¬ 
tion 

<7 

°C 

°C 

Int.  j 

Int.  j 

Int.  j 

Int.  jt g-°C 

Int.  j/g-°C 

12-7-37 _ 

1093.  989 

0.0104 

0. 9974 

0.0 

1.7 

4,  778. 4 

4.  21286 

-0. 00187 

12-9-37 _ 

603.  781 

.0565 

.9522 

.0 

6. 1 

2,  714.  9 

4.  21563 

. 00090 

12-10-37 _ 

603.  781 

.3232 

1. 0068 

.  1 

15.6 

2,713.9 
2,  713. 9 

4.  21398 

-.00075 

12-14-37 _ 

603.  781 

.0324 

.9938 

.0 

2.9 

4.  21398 

-.00075 

Average.  _ 

4.21411 

Even  temperature  interval  0.0°  to  1.0°  C.  AZ/Af= 169.577  int.  j/°C.  Formulated  value  of  Aa/At =4.21473 

int.  j/g-°C 


9-23-37 _ 

1091. 161 

0. 1772 

2.  4587 

0.6 

2.7 

11,918.6 

4.  21363 

0. 00153 

10-6-37 _ 

1092. 517 

.4886 

2.  4624 

-.  1 

2.4 

11,  932.  5 

4.  21349 

.  00139 

10-8-37 _ 

1092.  517 

.2433 

2.  4981 

-.4 

2.7 

11,931.7 

4.  21320 

.00110 

10-14-37. _ _ 

1092. 517 

.  1884 

2.  4990 

-.2 

2.4 

11, 932. 1 

4.  21334 

.00124 

10-21-37.. . 

1093.  647 

-.0385 

2.  5184 

-.  1 

2.4 

11,939.6 

4.  21173 

-.00037 

10-26-37.. . 

1093. 647 

-.0376 

2.  4947 

-.  1 

2.4 

11,941.4 

4.  21239 

. 00029 

10-27-37 _ 

1093. 647 

.0120 

2.  4972 

.  2 

2.4 

11,941. 1 

4. 21228 

. 00018 

10-28-37 _ 

1093.  647 

.0070 

2.  4992 

.  1 

2.4 

11,941.1 

4.  21228 

. 00018 

11-16-37 _ _ _ 

1096. 489 

-.0174 

2.  4588 

.0 

2.4 

11,  970.4 

4.  21205 

-.00005 

11-18-37 _  _  . 

1096.  489 

-.0037 

2.  4867 

-.  1 

2.4 

11,971. 1 

4.21231 

.00021 

12-2-37 _ 

1093.  989 

-.0586 

2.5191 

.4 

2.9 

11,  945.  7 

4.  21265 

.00055 

Average..  _  ...  _ 

4.  21267 

Even  temperature  interval  0.0°  to  2.5°  C.  AZ/Af=169.688  int.  j/°C.  Formulated  value  of  Aa/A<=4. 21210 

int.  j/g-°C 


9-14-37 _  , 

1091. 161 

0. 1830 

4. 9763 

1.3 

5.6 

23, 809. 2 

4.  20833 

0. 00016 

9-21-37 . . 

1091. 161 

.1920 

5. 1873 

.5 

4. 1 

23, 806.  8 

4.  20789 

-.00028 

Average.  __  .  ___ 

4.  20811 

Even  temperature  interval  0.0°  to  5.0°  C.  AZ/At=  169.879  int.  j/°C.  Formulated  value  of  Aa/A<=4. 20817 

int,  j/g-°C 


12-7-37 _ 

1093. 989 

1.0078 

2. 0054 

-0.1 

1.7 

4,  776.  7 

4.  21118 

0.  00000 

12-9-37 _ 

603. 781 

.9518 

1.  9649 

.0 

6.  1 

2,712.3 

4.21109 

-.00009 

12-10-37 _ 

603.  781 

1.0041 

2. 0051 

.0 

15.6 

2,712.2 

4.  21093 

-.00025 

12-14-37 _ 

603. 781 

.9964 

1.9944 

.0 

2.9 

2,711.8 

4.  21027 

. 00009 

Average  . . . 

4.  21087 

Even  temperature  interval  of  1.0°  to  2.0°  C.  AZ/At  =  169.725  int.  j/°C.  Formulated  value  of  Aa/At=4. 21118 

int.  j/g-°C 
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Table  3.- — Principal  data  from  large-mass  heat-capacity  experiments — Continued 


Date 

Mass  of 
water,  M 

Initial 

temper¬ 

ature 

Final 

tempera¬ 

ture 

Heat 

leak 

Pump 

energy 

Energy 
for  even 
tempera¬ 
ture  in¬ 
terval 

Aa/At 

Devia¬ 
tion  from 
formula¬ 
tion 

a 

°C 

°C 

Int.) 

Int.} 

Int.j 

Int.j/g-°C 

Int.j/g-°C 

12-7-37 _ 

1093.  989 

2. 0054 

3. 0051 

-.01 

1.  7 

4,  772.  5 

4. 20719 

-0. 00072 

12-9-37 _ 

603.  781 

1.  9649 

2.  9776 

-.  1 

2.5 

2,710.7 

4.  20818 

. 00027 

12-10-37 _ 

603.  781 

2.  0051 

2.  9997 

-.  1 

6.4 

2,  710.  6 

4.  20802 

.00011 

12-14-37 _ 

603.  781 

1.9944 

2.  9979 

.0 

1.2 

2,  710. 1 

4.  20719 

-.00072 

Average _ 

4.  20765 

Even  temperature  interval  2.0°  to  3.0°  C.  AZ/Af  =  169.876  int.  j/°C.  Formulated  value  of  Aa/A<=4.20791 

int.  j/g-°C 


9-23-37 _ 

1091. 161 

2.  4587 

4.  9962 

0.0 

2.4 

11,  890.  7 

4.  20306 

-0. 00118 

10-6-37 _ 

1092. 517 

2.  4624 

4.  9935 

-.  3 

2.4 

11,  905.5 

4.  20326 

-. 00098 

10-8-37 _ 

1092.517 

2. 4981 

4. 9767 

-.  1 

2.4 

11,  908.  4 

4. 20432 

. 00008 

10-14-37 _ 

1092. 517 

2.  4990 

4.  9990 

-.  1 

2.4 

11,907.9 

4.  20414 

-.00010 

10-19-37 . . . 

1093.  647 

2.  5092 

5.  0043 

-.2 

2.4 

11,918.8 

4.  20378 

-.  00046 

10-21-37 _ 

1093.  647 

2.  5184 

5. 0021 

-.  1 

2.4 

11, 922.  0 

4. 20495 

. 00071 

10-26-37 _ 

1093.  647 

2.  4947 

5. 0025 

.0 

2.4 

11,919.6 

4. 20409 

-.00015 

10-27-37 _ 

1093.  647 

2.  4963 

5.  0439 

.  4 

2.4 

11,918.4 

4. 20363 

-. 000G1 

10-28-37. _ _ 

1093.  647 

2.  4983 

4.  9961 

.  4 

2.4 

11,9)9.6 

4.  20409 

-. 00015 

11-16-37 _ 

1096.  489 

2.  4585 

5.0015 

-.  1 

2.4 

11,948.0 

4. 20354 

-.00070 

11-18-37 _ 

1096.  489 

2.  4886 

4.  9970 

.0 

2.4 

11,949.2 

4.  20397 

-. 00027 

12-3-37 _ 

1093.  989 

2. 4637 

4.9717 

.0 

2.4 

11,921.4 

4.  20342 

-.00082 

Average..  _ 

4. 20385 

Even  temperature  interval  2.5°  to  5.0°  C.  A.Z/Af= 170.071  int.  j/°C.  Formulated  value  of  Aa/A<=4. 20424 

int.  j/g-°0 


12-7-37 _ 

12-9-37 _ _ 

12-10-37 _ 

12-14-37 _ 

Average  _  _ 

1093. 989 
603. 781 
603. 781 
603.  781 

3.  0051 

2.  9776 
2.  9997 
2.  9979 

4.  0045 

3.  9911 

4.  0005 
3. 9993 

0.0 
-.  1 

1 

.0 

1.7 

2.5 

6.4 

1.  2 

4,  770.  4 

2,  708.  8 
2,  709. 1 

2,  709.  6 

4.  20513 

4.  20479 
4.  20528 
4.  20611 

0.  00023 
-.00011 
. 00038 
.  00121 

4  20533 

Even  temperature  interval  3.0°  to  4 

0°  C.  Az 

?/Af=170.0: 
int.  j/g-°C 

0  int.  j/° 

C .  Fori 

nulated  value  of  Aa/At=4. 20490 

12-7-37 _ 

1093.  989 

4. 0045 

5.  0036 

0.0 

1.7 

4,  766.  4 

4.  20133 

-0.  00081 

12-9-37 _ 

603.  781 

3.  9911 

5.  0052 

.0 

2.5 

2,  707.  6 

4.  20253 

.00039 

12-10-37 _ 

603.  781 

4.  0005 

5.  0015 

.0 

6.4 

2,  707.  8 

4.  20286 

. 00072 

12-14-37 _ _ 

603.  781 

4.  9993 

4.  9990 

-.  1 

1.2 

2,  707.  3 

4,  20204 

-.00010 

Average..  __  .  .. 

4.  20219 

Even  temperature  interval  4.0°  to  5.0°  C.  AZ/Af=170.188  int.  j/°C.  Formulated  value  of  A«/Af=4. 20214 

int.  i/g-°C 


9-14-37 _ _ _ 

1091. 161 

4.  9763 

10. 0026 

1.3 

4.  4 

23,  741.4 

4. 19515 

-0.00012 

9-16-37 _ 

1091. 161 

5.0018 

9.  9480 

.  1 

4.6 

23,  742.  5 

4. 19536 

. 00009 

9-21-37 _ 

1091. 161 

5. 1873 

9.  9846 

1.0 

3.9 

23,  739.  9 

4.  19488 

-.00039 

9-23-37 _ 

1091. 161 

4.  9962 

9.  9910 

-.  4 

3.  7 

23,  743.  6 

4. 19556 

.00029 

10-6-37 _ _ _ 

1092. 517 

4.  9935 

10. 0029 

-.6 

3.7 

23,771.7 

4. 19550 

. 00023 

10-8-37 _ 

1092. 517 

4. 9767 

10. 0084 

-.2 

3.7 

23,  772.  9 

4. 19571 

. 00044 

10-14-37 _ 

1092.  517 

4.  9990 

10.  0050 

-.  1 

3.  7 

23,  772.  5 

4.  19564 

.00037 

10-19-37 _ 

1093. 647 

5. 0043 

10.  0104 

-.2 

3.7 

23,  795.  6 

4. 19553 

. 00026 

10-21-37 _ 

1093.  647 

5.  0021 

9.  9988 

.3 

3.7 

23,  799.  0 

4. 19615 

. 00088 

10-26-37 _ 

1093.  647 

5. 0025 

10.  0018 

.0 

3.7 

23,  797.  3 

4.  19584 

. 00057 

10-27-37 _ 

1093.  647 

5.  0432 

10.  0077 

.2 

3.7 

23,  796.  5 

4. 19570 

. 00043 

10-28-37 _ 

1093.647 

4.  9954 

9.  9905 

.3 

3.7 

23,  795.  9 

4. 19559 

. 00032 

11-16-37 _ 

1096.  489 

5.0011 

10.  0036 

-.  2 

3.  7 

23,  853. 3 

4. 19518 

-.00009 

11-18-37 _ 

1096.  489 

4.  9965 

10.  0005 

.0 

3.7 

23,  853.  9 

4. 19529 

. 00002 

12-3-37 _ 

1093.  989 

4.9701 

9.  9808 

.0 

3.7 

23,  799.  4 

4. 19491 

-. 00036 

12-7-37 _ 

1093.989 

5.  0036 

10. 0067 

-.3 

3.7 

23,  798.  3 

4. 19471 

-.  00056 

12-9-37 _ _ 

603.  781 

5.  0052 

10.  0755 

.0 

5.4 

13,  516.  1 

4.  19445 

-.00082 

12-10-37 _ 

603.  781 

5.  0015 

10.  0029 

-.  1 

13.8 

13,517.3 

4  19485 

-.00042 

12-14-37 _ 

603. 781 

4.  9990 

9.  9994 

-.3 

2.6 

13,  516.9 

4. 19472 

-.00055 

Average _ _ 

4. 19530 

Even  temperature  interval  5°  to  10°  C.  A.Z/Af= 170.687  int.  j/°  C.  Formulated  value  of  Aa/Af=4. 10527 

int.  j/g-°C 
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Table  3. — Principal  data  from  large-mass  heat-capacity  experiments — Continued 


Date 

Mass  of 
water,  M 

Initial 

temper¬ 

ature 

Final 

tempera¬ 

ture 

Heat 

leak 

Pump 

energy 

Energy 
for  even 
tempera¬ 
ture  in¬ 
terval 

Ace/ At 

Devia¬ 
tion  from 
formula¬ 
tion 

g 

°C 

°C 

Int.  j 

Int.  j 

Int.  j 

Int.j/g-°C 

Int.  ilg-°C 

9-14-37 _ 

1091. 161 

10.  0026 

15.0032 

0.9 

3.9 

23,  697.  0 

4. 18619 

-0. 00059 

9-16-37 _ 

1091. 161 

9. 9480 

14.  9471 

1 

3.7 

23,  699. 1 

4. 18658 

-.00020 

9-21-37 _ _ 

1091. 161 

9. 9846 

15.  0031 

1.3 

4.  1 

23,  699.  9 

4. 18672 

-.00006 

9-23-37 _ 

1091. 161 

9.  9910 

14.  9987 

-.5 

3.7 

23,701.9 

4.  18709 

.00031 

10-6-37 _ 

1092.  517 

10.  0029 

15. 0069 

.  1 

3.7 

23,  728.  9 

4.  18684 

.00006 

10-8-37 _ 

1092.  517 

10.  0084 

15.  0045 

-.3 

3.7 

23,  730.  5 

4. 18713 

.00035 

10-13-37 _ 

1092.  517 

10.  0020 

15.  0123 

-.  2 

3.  7 

23,  724.  7 

4. 18607 

-.00071 

10-14-37 _ 

1092.  517 

10.  0050 

15.  0064 

.0 

3.7 

23,  729.  6 

4.  18696 

. 00018 

10-19-37 _ 

1093.  647 

10.  0104 

15.  0098 

-.  1 

3.7 

23,  752. 1 

4. 18675 

-.00003 

10-21-37 _ 

1093.  647 

9.  9988 

14.  9970 

.3 

3.7 

23,  753.  9 

4. 18708 

.00030 

10-26-37 _ 

1093.  647 

10.0018 

15.0000 

.0 

3.7 

23,  754.  5 

4. 18719 

. 00041 

10-27-37 _ 

1093. 647 

10.  0077 

15.  0024 

.0 

3.7 

23,  755. 2 

4.  18732 

.00054 

10-28-37 _ 

1093. 647 

9.  9905 

14. 9997 

.0 

3.7 

23,  755.  1 

4. 18730 

.00052 

11-16-37 _ 

1096.  489 

10.  0036 

14.  9993 

.0 

3.7 

23,  808.  8 

4.  18624 

— . 00054 

11-18-37 _ 

1096. 489 

9.  9999 

15.  0004 

.0 

3.7 

23,  810.  4 

4.  18654 

-.  00024 

12-3-37 _ 

1093.  989 

9.  9808 

14.  9891 

1 

3.7 

23,  757.  9 

4.  18650 

-.00028 

12-7-37 _ 

1093.  989 

10.  0067 

15.  0097 

.0 

3.7 

23,  754.  8 

4. 18594 

-.00084 

12-9-37 _ 

603.  781 

10.  0755 

15. 1357 

-.3 

8.9 

13,  496.  4 

4. 18644 

-. 00034 

12-10-37 _ 

603.  781 

10.  0004 

15.  0065 

-.3 

23.0 

13,  494.  7 

4. 18587 

-.00091 

12-14-37 _ 

603.  781 

9.  9996 

15.  0019 

-.2 

4.3 

13,  497.  7 

4. 18687 

.00009 

Average.  ...  _ _ 

4.  18668 

Even  temperature  interval  10°  to  15°  C.  AZ/Af=171.588  int.  j/°  C.  Formulated  value  of  Aa/Af=4.18678 

int.  j/g-°C 


9-16-37 _ _ 

1091. 161 

14. 9471 

19. 8801 

0.0 

3.7 

23, 675.  9 

4. 18140 

0.  00021 

9-21-37 _ 

1091. 161 

15.  0031 

20. 0047 

-.  2 

3.7 

23,  673.  5 

4. 18096 

-. 00023 

9-23-37 _ 

1091.  161 

14. 9987 

19.  9959 

-.4 

3.7 

23,  675.  9 

4.  18140 

. 00021 

10-6-37 _ 

1092.  517 

15.  0069 

20.  0025 

.0 

3.7 

23,  704.  0 

4.  18135 

.  00016 

10-8-37 _ 

1092.  517 

15.  0045 

20.  0133 

-.2 

3.7 

23,  705.  6 

4.  18165 

.  00046 

10-13-37 _ 

1092.  517 

15.  0123 

19.  9903 

.0 

3.7 

23,  705.  3 

4.  18159 

.  00040 

10-14-37 _ 

1092.  517 

15.  0064 

20.  0082 

1 

3.7 

23,  704.  5 

4.  18145 

.  00026 

10-19-37 _ 

1093.  647 

15.  0098 

20. 0137 

2 

3.7 

23,  728.  5 

4. 18151 

.00032 

10-21-37 _ 

1093.  647 

14. 9970 

19.  9951 

.0 

3.7 

23,  729.  6 

4. 18171 

.00052 

10-26-37 _ 

1093.  647 

15.  0000 

20.  0426 

.0 

4.4 

23,  725.  3 

4.  18093 

-.  00026 

10-27-37 _ 

1093.  647 

15. 0024 

19.  9990 

.  1 

3.7 

23,  730.  5 

4. 18188 

.00069 

10-28-37 . . . 

1093.  647 

14.  9997 

20.  0012 

.  1 

3.7 

23,  730. 9 

4. 18195 

.  00076 

11-16-37 _ 

1096.  489 

14.  9993 

20.  0001 

-.  1 

3.7 

23,  784.  3 

4. 18085 

-.00034 

11-18-37 _ 

1096.  489 

15.  0004 

20.  0018 

.0 

3.7 

23,  785.  8 

4. 18113 

-.00006 

12-3-37 _ 

1093.  989 

14.  9891 

19.  9982 

-.2 

3.7 

23,  732.  0 

4. 18085 

-.00034 

12-7-37 _ 

1093. 989 

15.  0097 

20.  0096 

.0 

3.7 

23,  732.  2 

4.  18088 

-.  00031 

12-9-37 _ 

603.  781 

15.  1357 

19.  9751 

-.  2 

5.4 

13.  485.  8 

4. 18125 

.00006 

12-10-37 _ 

603.781 

15.  0065 

20.  0009 

.4 

13.8 

13,  485.  5 

4. 18115 

-. 00004 

12-14-37 _ 

603.  781 

15.  0025 

20.  4957 

.2 

2.7 

13, 484.  5 

4. 18082 

-. 00037 

Average. _  ... _ 

4. 18130 

Even  temperature  interval  15°  to  20°  C.  AZ/Af=172.600  int.  j/°C.  Formulated  value  of  Aa/At=4. 18119 

int.  j/g-°C 


9-16-37 _ _ 

1091. 161 

19. 8801 

24. 9932 

-0.2 

3.7 

23,  657.  6 

4. 17700 

-0.  00053 

9-21-37 _ 

1091. 161 

20. 0047 

25.  0045 

-.7 

3.7 

23,  658.  5 

4. 17716 

-.00037 

9-23-37 _ 

1091. 161 

19. 9959 

24. 9938 

-.3 

3.7 

23,  659.  5 

4. 17735 

-.00018 

10-6-37 _ 

1092.  517 

20. 0025 

25. 0089 

0 

3.7 

23,  686.  6 

4. 17712 

-.00041 

10-8-37 _ 

1092.  517 

20.0133 

25.  0031 

-.  1 

3.7 

23,  689. 1 

4. 17758 

. 00005 

10-13-37 _ 

1092.  517 

19.  9903 

24.9999 

0 

3.7 

23,  687. 0 

4. 17720 

-.00033 

10-14-37 _ 

1092.  517 

20.0082 

25.0133 

0 

3.7 

23,  687.  8 

4. 17734 

—  .00019 

10-19-37 _ 

1093.  647 

20. 0137 

24. 9982 

.  2 

3.7 

23,  713.  5 

4. 17773 

.00020 

10-21-37 _ 

1093.  647 

19. 9951 

24.  9970 

-.1 

3.7 

23, 710.  6 

4. 17720 

-.00033 

10-26-37 _  . 

1093.  647 

20. 0426 

25.0031 

0 

3.7 

23,  713.  9 

4, 17780 

. 00027 

10-27-37 _ 

1093.  647 

19.  9990 

25. 0024 

.  1 

3.7 

23,713.6 

4. 17775 

. 00022 

10-28-37 _ 

1093.  647 

20. 0012 

25.  0023 

.  2 

3.7 

23,714.9 

4. 17798 

. 00045 

11-16-37 _ 

1096.  489 

20. 0001 

25. 0008 

-.  1 

3.7 

23,  768.  8 

4. 17699 

-.00054 

11-18-37 _ 

1096.  489 

20.0018 

25.  0001 

0 

3.7 

23,  770.  8 

4. 17735 

-.00018 

12-3-37 _ 

1093.  989 

19. 9982 

25. 0048 

-.  1 

3.7 

23,  716.  6 

4. 17699 

-.00054 

12-7-37 _ 

1093.  989 

20.  0096 

25. 0079 

0 

3.7 

23,  718. 1 

4. 17690 

-.00063 

12-9-37 _ 

603.  781 

19.  9751 

25. 0376 

-.3 

5.4 

13,  478.  4 

4. 17691 

-.00062 

12-10-37 _ 

603.  781 

20. 0009 

25.  0050 

0 

13.8 

13, 477.  9 

4. 17675 

-.00078 

Average . . 

4. 17728 

Even  temperature  interval  20°  to  25°  C.  AZ/Af=173.739  int.  j/°C.  Formulated  value  of  Aa/A<= 4.17753 

int.  j/g-°C 
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Table  3. — Principal  data  from  large-mass  heat-capacity  experiments — Continued 


Date 

Mass  of 
water,  M 

Initial 

temper¬ 

ature 

Final 

tempera¬ 

ture 

Heat 

leak 

Pump 

energy 

Energy 
for  even 
tempera¬ 
ture  in¬ 
terval 

Aa/At 

Devia¬ 
tion  from 
formula¬ 
tion 

g 

°C 

°C 

Int.  j 

Int.  j 

Int.) 

Int.jlg-°C 

Int.  jlg-°C 

9-16-37. . . 

1091. 161 

24.  9932 

29. 9906 

-0.1 

3.7 

23,  655. 1 

4.  17537 

0. 00024 

9-21-37 _ 

1091. 161 

25. 0045 

29.9953 

-.9 

3.7 

23,  655.  3 

4. 17540 

.00027 

9-23-37 _ 

1091. 161 

24.  9938 

29. 9913 

-.  1 

3.7 

23,  656. 1 

4. 17554 

. 00041 

10-6-37 _ _ 

1092.  517 

25.0089 

29.  9926 

-.  1 

3.7 

23,683.9 

4. 17546 

.00033 

10-8-37 _ 

1092.  517 

25.  0031 

30. 0106 

-.1 

3.7 

23,  685.  8 

4. 17581 

.00068 

10-13-37 _ 

1092.  517 

24. 9999 

30. 0000 

0 

3.7 

23,  684. 0 

4. 17548 

. 00035 

10-14-37 _ 

1092.  517 

25.0133 

30. 0068 

.  1 

3.7 

23,  683.  4 

4. 17537 

.00024 

10-19-37 _ 

1093.  647 

24. 9982 

30.  0054 

0 

3.  7 

23,  706. 9 

4.  17535 

.00022 

10-21-37 _ 

1093.  647 

24.  9970 

29. 9945 

.3 

3.7 

23,  709. 6 

4. 17584 

.00071 

10-26-37 _ 

1093.  647 

25. 0031 

29.  9981 

0 

3.7 

23,  709. 0 

4. 17573 

.00060 

10-27-37 _ 

1093.  647 

25. 0024 

30.  0028 

.2 

3.7 

23,710.0 

4. 17592 

.  01X179 

10-28-37 _ 

1093.  647 

25.0023 

30.0017 

-.  1 

3.7 

23,  709.  4 

4. 17581 

. 00068 

11-16-37 _ 

1096.  489 

25.  0008 

30.0012 

-.  1 

3.7 

23,  764.  4 

4.  17502 

-.00011 

11-18-37 _ 

1096.  489 

25.0001 

30.0015 

0 

3.7 

23,  765.  4 

4. 17519 

. 00006 

11-19-37 _ _ 

1096.  489 

24.  9997 

30. 0644 

-.  1 

3.  1 

23,  764.  6 

4. 17505 

-.00008 

12-3-37 _ _ 

1093. 989 

25.  0048 

30. 0131 

0 

3.7 

23,712.6 

4. 17509 

— . 00004 

12-7-37 _ 

1093.  989 

25.  0079 

30. 0051 

-.  1 

3.7 

23,711.0 

4.17480 

-.00033 

12-9-37 _ 

603.  781 

25. 0376 

29. 9672 

-.  1 

5.4 

13,  479. 1 

4. 17502 

-.00011 

12-10-37 _ 

603.  781 

25.  0050 

30.0028 

.  1 

13.8 

13,  479.  7 

4.  17522 

.00009 

12-14-37 . . . 

603.  781 

25.  0430 

30.0016 

-.2 

4.3 

13,  479.  2 

4. 17506 

-.00007 

Average _ 

4. 17538 

Even  temperature  interval  25°  to  30°  C.  AZ/At= 175.025  int.  j/°C.  Formulated  value  of  Aa/At—i.  17513  int. 

j/g-°C 


9-16-37 _ 

1091. 161 

29. 9906 

39.  9768 

-0.5 

6.1 

47, 308.  5 

4. 17313 

0.00006 

9-21-37.. _ _ 

1091. 161 

29.  9953 

39.  9841 

-1.9 

6.  1 

47, 314.  3 

4. 17366 

.00059 

9-23-37 _ 

1091. 161 

29.  9913 

39. 9938 

-0.2 

6.1 

47,  309.  7 

4. 17324 

. 00017 

10-6-37 _ 

1092.  517 

29. 9926 

39.  9994 

.0 

6.1 

47,  365.  0 

4. 17312 

.00005 

10-8-37 _ 

1092. 517 

30.  0106 

40.0110 

-.  1 

6.3 

47,  368. 8 

4. 17347 

.00040 

10-13-37 _ 

1092. 517 

30.  0000 

39.  9973 

.  1 

6. 1 

47, 366.  4 

4. 17325 

.00018 

10-14-37 _ 

1092. 517 

30.  0068 

39.  9938 

.0 

6.  1 

47,  364.  7 

4. 17310 

. 00003 

10-19-37 _ _ _ 

1093.  617 

30.  0054 

40. 0252 

.4 

6.  1 

47,413.2 

4. 17322 

.00015 

10-21-37 _ _ _ 

1093.  647 

29. 9945 

40.  4984 

.7 

6.3 

47,411.3 

4. 17305 

-.00002 

10-28-37 _ 

1093.  647 

30.0017 

40. 0038 

.3 

6.  1 

47,  412.  4 

4. 17315 

.00008 

11-16-37 _ 

1096. 489 

30.0012 

40. 0003 

.0 

6.1 

47, 525. 0 

4.  17260 

-. 00047 

11-18-37 _ 

1096.  489 

30.0015 

40.0054 

.  1 

6. 1 

47,  529. 0 

4. 17296 

-.00011 

11-19-37 _ _ 

1096.  489 

30.  0659 

40.  0052 

.5 

6.1 

47,  526.  2 

4. 17271 

-.00036 

12-3-37 _ 

1093. 989 

30.  0131 

40.  0228 

.0 

6.  1 

47,  422.  7 

4. 17278 

-.00029 

12-7-37 _ 

1093. 989 

30.  0051 

40.0159 

-.2 

6.  1 

47, 420.  5 

4. 17258 

-.00049 

12-9-37 _ 

603.  781 

29.  9672 

40. 0050 

.  1 

8.9 

26, 967.  2 

4. 17275 

-.00032 

12-10-37 . . . 

603. 781 

30.  0028 

40.  0067 

.  1 

23.0 

26, 967.  4 

4. 17279 

-.00028 

12-14-37 _ _ _ 

603.  781 

30.  0016 

40. 0000 

.0 

4.3 

26, 967.  6 

4. 17282 

-.  00025 

Average _  _ _ 

4. 17302 

Even  temperature  interval  30°  to  40°  C.  A5f/Af=177.291  int.  j/°C.  Formulated  value  of  Aa/Af=4.17307 

int.  j/g-°  C 


9-16-37 _ 

1091. 161 

39.  9768 

49.  9916 

-0.3 

6. 1 

47,  330.  3 

4. 17174 

0.00000 

9-21-37 _ 

1091. 161 

39.  9841 

49.  9863 

-2.4 

6.  1 

47,  325.  2 

4. 17127 

-.00047 

9-23-37 _ 

1091.161 

39.  9938 

49.  9831 

-0.4 

6.3 

47,  331.  9 

4. 17189 

.  00015 

10-6-37 _ 

1092.  517 

39.  9994 

50.  0157 

-.2 

6.1 

47,  387.  6 

4.  17181 

.00007 

10-8-37  _ _ 

1092.  517 

40.0110 

50.  0230 

-.  1 

6. 1 

47,  390. 1 

4. 17204 

.00030 

10-13-37 _ 

1092.  517 

39.  9973 

50.0000 

.0 

6. 1 

47,  386.  8 

4. 17173 

-.00001 

10-14-37... . . . 

1092.  517 

39.  9938 

50.0149 

-.  1 

6.  1 

47,  387. 0 

4. 17175 

.00001 

10-19-37 _ 

1093.  647 

40.  0252 

49.  9521 

.3 

6. 1 

47,  433.  4 

4. 17168 

-.00006 

10-21-37 _ 

1093.  647 

40.  4984 

49.  9933 

.5 

5.9 

47, 435.  8 

4. 17190 

. 00016 

10-28-37 _ 

1093.  647 

40.  0038 

50.  0085 

.4 

6.1 

47,  439.  7 

4.  17226 

.00052 

11-16-37 _ 

1096.  489 

40. 0003 

50.  0032 

.0 

6. 1 

47,  548. 0 

4. 17132 

-.00042 

11-18-37 _ 

1096.  489 

40.  0054 

49.  9958 

.0 

6.1 

47,  551.  4 

4. 17163 

-.00011 

11-19-37 _ 

1096.  489 

40. 0052 

50.  0046 

.3 

6.  1 

47,  549.  8 

4. 17149 

-.00025 

11-20-37 _ 

1096.  489 

40.  0003 

50.0006 

.4 

6.  1 

47,  549.  7 

4. 17148 

-. 00026 

12-3-37 _ 

1093.  989 

40.  0228 

50. 0059 

-.2 

6.  1 

47,  444.  5 

4. 17139 

-.00035 

12-7-37 _ 

1093.  989 

40.  0108 

50.0111 

.  1 

6.  1 

47,  444.  9 

4. 17143 

-. 00031 

12-9-37 _ 

603. 781 

40.  0050 

49.  9467 

.  1 

8.9 

26, 997.  3 

1.17161 

-.00013 

12-10-37 _ 

603.  781 

40.  0067 

50.0083 

-.  1 

23.0 

26,  996.  2 

4. 17143 

-.00031 

12-14-37 _ 

603.  781 

40. 0026 

50.  0011 

-.2 

7.0 

26,  997. 2 

4.17160 

-.00014 

Average.. .  _ 

4. 17165 

Even  temperature  interval  40°  to  50°  C.  AZ/Af= 180.989  int.  j/°C.  Formulated  value  of  Aa/Af=4,17174 

int.  j/g-°C 
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Table  3. — Principal  data  from  large-mass  heat-capacity  experiments — Continued 


Date 

Mass  of 
water,  M 

Initial 

temper¬ 

ature 

Final 

tempera¬ 

ture 

Heat 

leak 

Pump 

energy 

Energy 
for  even 
tempera¬ 
ture  in¬ 
terval 

Aa/At 

Devia¬ 
tion  from 
formula¬ 
tion 

Q 

°C 

°C 

Int.  j 

Int.j 

Int.j 

Int.j/q-°C 

Int.  j/q-°C 

9-16-37. . . 

1091. 161 

49. 9916 

59. 9913 

-0. 1 

6. 1 

47, 375.  0 

4. 17156 

0.  00032 

9-21-37 _ _ 

1091. 161 

49. 9863 

59.  9896 

-1.9 

6.  1 

47,  374.  8 

4.  17154 

.00030 

9-23-37 _ 

1091. 161 

49.9831 

59. 9923 

-0.  1 

6.  1 

47,  377.  2 

4-  17176 

. 00052 

10-6-37 . . . 

1092.  517 

50.  0157 

60.0047 

.0 

6.  1 

47,  432. 1 

4-  17161 

.00037 

10-8-37 _ _ 

1092.  517 

50. 0230 

60.  0065 

-.  2 

6.1 

47,  434.  1 

4.  17179 

.00055 

10-14-37..- . . . . 

1092.  517 

50. 0149 

59.  9958 

.0 

6.1 

47,  430.  2 

4.  17143 

.00019 

10-19-37 _ _ _ 

1093. 647 

49.  9521 

59. 9329 

.3 

6. 1 

47,  477.  8 

4. 17147 

.  00023 

10-21-37. . . . 

1093.  647 

49. 9933 

59.  9976 

.7 

6. 1 

47,  477.  7 

4.  17146 

.  00022 

10-28-37.  . . . 

1093.  647 

50.  0085 

60  0019 

.4 

6. 1 

47,  482.  4 

4. 17189 

. 00005 

11-16-37 _ 

1096.  489 

50.  0032 

60.  0024 

.0 

6. 1 

47,  590. 1 

4. 17090 

-. 00034 

11-18-37. . . . . 

1096.  489 

49.  9958 

60.  0050 

-.  1 

6. 1 

47,  594.  8 

4.  17133 

.  00009 

11-19-37 _ 

1096.  489 

50.  0046 

60.  0081 

.2 

6. 1 

47,  592.  3 

4. 17110 

-.00014 

11-20-37 _ 

1096.  489 

50.  0006 

60.0114 

.4 

6.1 

47,  590.  7 

4. 17096 

-.  00028 

12-4-37 _ 

1093.  989 

50.  0006 

60.  0322 

.  1 

6. 1 

47,  485.  3 

4.  17086 

-.00038 

12-7-37 _ 

1093.  989 

50.  0143 

60.  0080 

-.  1 

6. 1 

47,  487.  5 

4.  17106 

-. 00018 

12-9-37 _ 

603.  781 

49.  9513 

59.  9329 

-.2 

8.9 

27,  040.  3 

4. 17100 

-. 00024 

12-10-37 _ 

603.  781 

50.  0083 

59.  9993 

.  2 

23.0 

27,  038. 1 

4. 17063 

-. 00061 

12-14-37 _ 

603.  781 

50.  0009 

59.  9980 

-.5 

5.0 

27, 042.  4 

4. 17135 

.00011 

Average. . 

4. 17132 

Even  temperature  interval  50°  to  60°  C.  AZ/A<=185.663  int.  j/°C.  Formulated  value  of  Aa/Af=4.17124 

int.  ]/g-°C 


9-16-37 . . .  . 

1091. 161 

69. 9913 

69.  9814 

0.  2 

6. 1 

47, 429. 1 
47, 431.6 
47,  432.  4 
47,  488.  7 
47,  491.  3 
47,  533.  0 
47,  535.  5 
47,  538.  1 
47,  648. 1 
47, 654.  0 
47,  656.  3 
47,  649.  5 
47,  547.  4 
47,  544.  7 
47,  551. 1 
27, 098. 0 
27, 095. 9 

4. 17114 

0.  00003 

9-21-37. . 

1091. 161 

59. 9896 

70.  9984 

-2. 1 

6.8 

4.  17137 

.00026 

9-23-37 _ 

1091. 161 

59. 9923 

69.  9831 

0. 1 

6. 1 

4. 17145 

.00034 

10-6-37 . 

1092.  517 

60.  0047 

70.  0140 

-.  2 

6. 1 

4. 17142 

. 00031 

10-8-37 _ _ 

1092.  517 

60.  0065 

70.  0097 

.0 

6. 1 

4. 17166 

. 00055 

10-19-37 _ 

1093.  647 

59. 9329 

70. 0336 

.0 

6. 1 

4.  17116 

. 00005 

10-21-37 _ _ _ 

1093.  647 

59.  9976 

69. 9959 

.3 

6. 1 

4.  17139 

.00028 

10-28-37 _ _ 

1093. 647 

60.  0019 

70.  0089 

-.  1 

6. 1 

4. 17163 

.  00052 

11-16-37 _ _ _ 

1096.  489 

60.  0024 

70.  0021 

.0 

6. 1 

4, 17085 
4, 17139 

-.  00020 

11-18-37 _ 

1096.  489 

60.  0050 

70.  0038 

— .  2 

6. 1 

. 00028 

11-19-37 _ _ 

1096.  489 

60. 0081 

70.  0056 

.0 

6. 1 

4, 17160 
4.  17098 

.  00049 

11-20-37 _ _ _ _ 

1096.  489 

60,  0114 

70.  0042 

.  4 

6.  1 

-.00013 

12-3-37 _ _ 

1093.  989 

60.  0104 

70.0119 

.0 

6. 1 

4. 17118 

. 00007 

12-4-37 . . . 

1093.  989 

60.  0320 

70. 0076 

.0 

6.  1 

4.  17063 

-.00018 
. 00040 

12-7-37 . . . 

1093.  989 

60.  0079 

70.0183 

.  1 

6.  1 

4. 17151 

12-9-87 . . . 

603.  781 

59.  9329 

69.  9511 

-.3 

8.9 

4. 17085 

-.00026 

12-10-37 _ 

603. 781 

59.  9993 

69.  9990 

.3 

23.0 

4. 17050 

-.00061 

Average . . . 

4. 17124 

Even  temperature  Interval  60°  to  70°  C.  AZ/At =191.520  int.  j/°C.  Formulated  value  of  Aa/At  =4.17111  int. 

j/g-°C 


9-16-37 _ _ 

1091. 161 

69.  9814 

79.  9916 

0.0 

6.  1 

47,  504.  6 

4. 17140 

0.00026 

9-21-37 _ 

1091. 161 

71.  0327 

80.  0364 

-.4 

6.1 

47, 493.  5 

4. 17038 

-.  00076 

9-23-37 _ _ _ 

1091. 161 

69.  9831 

80. 0028 

.  1 

6.6 

47,  500.  3 

4. 17101 

-.00013 

10-8-37 _ 

1092. 517 

70.  0097 

80.  0089 

.  1 

6.  1 

47,  564.  2 

4. 17168 

.00054 

10-19-37 _ 

1093. 647 

70. 0336 

80.  0126 

.2 

6.1 

47,  607.  4 

4. 17132 

.00018 

10-21-37 _ 

1093. 647 

69.  9959 

80. 0016 

.2 

6.1 

47,  607. 1 

4. 17129 

.00015 

11-16-37 _ 

1096.  489 

70. 0021 

80.  0031 

.0 

6.  1 

47,  721.  0 

4. 17087 

-. 00027 

11-18-37 _ 

1096. 489 

70.  0038 

80. 0038 

-.  1 

6.  1 

47,  726.  5 

4. 17137 

. 00023 

11-19-37 _ 

1096. 489 

70.  0056 

80. 0038 

.0 

6. 1 

47,  721.2 

4. 17086 

— .  00028 

11-20-37 _ _ _ 

1096. 489 

70. 0042 

79.  9993 

.2 

6.1 

47,  722.  4 

4. 17099 

-.00015 

12-3-37 _ 

1093.  989 

70.0119 

80.  0090 

-.2 

6.1 

47,  621.7 

4.  17132 

.00018 

12-4-37 _ 

1093.  989 

70. 0076 

80.  0145 

.0 

6.1 

47, 615.5 

4.  17075 

-. 00039 

12-7-37 _ 

1093.  989 

70. 0183 

80.  0040 

1 

6.1 

47, 616. 1 

4. 17081 

-.00033 

12-9-37 _ 

603.  781 

69.  9511 

79.  9741 

-.4 

8.9 

27, 172.  5 

4. 17114 

.00000 

12-10-37 _ _ _ 

603.  781 

69.  9990 

80. 0085 

.3 

23.0 

27, 168.  9 

4. 17054 

-.00060 

Average . 

4. 17105 

Even  temperature  interval  70°  to  80°  C.  AZ/At= 198.795  int.  j/°C.  Formulated  value  of  Aa/A<=4. 17114  int. 

j/g-°C 
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Table  3. — Principal  data  from  large-mass  heat-capacity  experiments— Continued 


Date 

Mass  of 
water,  M 

Initial 

temper¬ 

ature 

Final 

tempera¬ 

ture 

Heat 

leak 

Pump 

energy 

Energy 
for  even 
tempera¬ 
ture  in¬ 
terval 

Aa/At 

Devia¬ 
tion  from 
formula¬ 
tion 

<t 

°C 

°C 

Int.j 

Int.j 

Int.  j 

Int.j/q-°C 

Int.j/q-°C 

9-16-37 _ 

1091. 161 

79. 9916 

89. 9950 

0.0 

6.1 

47,  597. 1 

4. 17167 

0.00043 

9-21-37 _ 

1091. 161 

80. 0364 

89. 9882 

-.5 

6.1 

47,  592.  5 

4. 17125 

.00001 

9-23-37 _ 

1091. 161 

80. 0028 

89.  9957 

-.4 

6.3 

47,  592. 2 

4. 17123 

-.00001 

10-19-37 _ 

1093.  647 

80. 0126 

90. 0150 

.2 

6.  1 

47, 696.  4 

4. 17127 

.00003 

10-21-37... _ _ 

1093.  647 

80.  0016 

89.  9994 

.0 

6.  1 

47,  698. 2 

4.  17144 

.00020 

10-28-37 _ 

1093.  647 

79.  9989 

89. 9751 

.4 

6.  1 

47,  703.  6 

4. 17193 

.00069 

11-16-37 _ 

1096. 489 

80.  0031 

90. 0029 

.0 

6.1 

47, 809.  8 

4. 17080 

-.00044 

11-18-37 _ 

1096. 489 

80. 0038 

90. 0003 

-.3 

6.1 

47, 815.  6 

4. 17133 

.00009 

11-19-37 _ 

1096.  489 

80.0041 

90.  0068 

-.  1 

6. 1 

47, 811.9 

4. 17099 

-.00025 

11-20-37 _ 

1096.  489 

79.  9993 

90. 0060 

.0 

6.1 

47,812.9 

4. 17109 

-.00015 

12-3-37 _ 

1093. 989 

80.0090 

90.  0074 

.  1 

6.1 

47,  710. 4 

4.  17125 

.00001 

12-4-37 _ 

1093.  989 

80.0145 

90.  0123 

.  1 

6.  1 

47,  708.  6 

4. 17108 

-.00016 

12-7-37 _ 

1093.  989 

80. 0040 

90. 0032 

.  1 

6.  1 

47,711.2 

4. 17132 

.00008 

12-9-37 _ 

603.  781 

79. 9741 

90. 0319 

-.4 

8.9 

27,  263. 1 

4. 17133 

.00009 

12-10-37 _ 

603. 781 

80. 0085 

90. 0092 

1 

23.0 

27, 263.  7 

4. 17143 

.00019 

Average _ 

4. 17129 

E ven  temperature  interval  80°  to  90°  C.  AZ/A<=207.738  int.  j/°C.  Formulated  value  of  Aa/Af =4.17124  int. 

j/g-°C 


9-16-37 _ 

1091. 161 

89. 9950 

99. 9843 

-0.4 

6. 1 

47, 704. 3 

4.17152 

0.  00015 

9-21-37 _ _ _ 

1091. 161 

89. 9882 

99. 9992 

.2 

6.3 

47, 693. 1 

4. 17049 

-.00088 

9-23-37 _ 

1091.161 

89. 9957 

99. 9887 

-.4 

6.1 

47, 696. 9 

4. 17084 

-.00053 

10-19-37 _ 

1093.  647 

90.0150 

100.  0086 

-.4 

6.2 

47, 806. 1 

4.17135 

-.00002 

10-21-37 _ 

1093. 647 

89.  9994 

100. 0027 

.  1 

6.1 

47, 807.  6 

4. 17148 

.00011 

11-16-37 _ 

1096.  489 

90.  0029 

100.  0024 

-.2 

6. 1 

47, 920.  8 

4. 17099 

-.00038 

11-18-37 _ 

1096.  489 

90.0003 

100.  0037 

-.3 

6. 1 

47,  927.  2 

4.17158 

.00021 

11-19-37 _ 

1096.  489 

90. 0068 

99.  9942 

.0 

6.1 

47, 925.  5 

4. 17142 

.00005 

11-20-37 _ 

1096.  489 

90. 0060 

100.  0045 

-.3 

6. 1 

47, 921.9 

4.17110 

-.00027 

12-3-37 _ 

1093.  989 

90. 0074 

100. 0098 

-.3 

6.1 

47, 820.  7 

4. 17138 

.00001 

12-4-37 _ 

1093.  989 

90. 0123 

100.  0076 

-.2 

6.1 

47, 828. 1 

4. 17205 

.00068 

12-9-37 _ _ 

603.  781 

90.  0319 

100. 0076 

-.3 

8.9 

27,  371.  6 

4. 17126 

-.00011 

12-10-37 _ _ _ 

603.  781 

90. 0248 

100.0075 

.  1 

23.0 

27, 369.  9 

4. 17098 

-.00039 

Average _  _  ___ 

4. 17126 

Even  temperature  interval  90°  to  100°  C.  AZ/Af =218.626  int.  j/°C.  Formulated  value  of  Aa/Af=4.17137  int. 

j/g-°C 


Table  4. — Principal  data  from  small-mass  heat-capacity  experiments 


Date 

Mass  of 
water, 
M 

Initial 

temper¬ 

ature 

Final 

temper¬ 

ature 

Heat 

leak 

Pump 

energy 

Energy 
for  even 
temper¬ 
ature 
interval 

AZ/Af 

11-5-37 _ 

9 

126. 708 

°C 

-0.  0646 

°C 

2.  5102 

Int.  j 
-0.1 

Int.  j 
2.3 

Int.  j 
1,758.0 

Int.  )I°C 
169. 49 

11-6-37 _ 

126. 708 

-.0401 

2.  5830 

-.3 

1.9 

1, 758. 4 

169.  65 

11-11-37 _ 

126.713 

.0309 

2.  5359 

-.  1 

1.9 

1, 758. 5 

169. 67 

11-12-37 _ 

126.  713 

.0045 

2.  5027 

-.2 

1.9 

1, 758. 3 

169.  59 

11-23-37 _ 

126. 842 

.0321 

2.  6038 

.5 

3.7 

1,  760.  5 

169. 93 

11-24-37 _ 

126.  842 

-.0182 

2. -5545 

.8 

5.4 

1,  759.  8 

169. 65 

11-30-37 _ 

126. 842 

.0069 

2.  5444 

.2 

3.5 

1, 758. 8 

169.  25 

11-30-37 _ 

126.  842 

.0896 

2.  3173 

.6 

2.5 

1, 760. 3 

169.  85 

Average.  _ .  . . 

169.  64 

Even  temperature  interval  0.0°  to  2.5°  C.  Aa/Af=4.21210  int.  j/g-°C 
Formulated  value  of  AZ/Af=169.69  int.  j/°  C 


11-5-37 _ 

126. 708 

2.5111 

5. 0085 

0.0 

1.9 

1,756.2 

169. 77 

11-6-37 _ _ 

126. 708 

2.  5430 

5. 0009 

-.2 

1.9 

1,757.3 

170. 21 

11-11-37 _ 

126. 713 

2.5368 

4.  9962 

-.2 

1.9 

1,  757. 1 

170. 11 

11-12-37 _ _ 

126.713 

2.  5030 

4. 9980 

-.2 

1.9 

1,756.8 

169.99 

11-23-37  _ 

126. 842 

2.  6240 

4.  9988 

.6 

3.7 

1,  758.  7 

170.  21 

11-24-37 _ _ _ _ 

126. 842 

2.  5754 

5.  0040 

.5 

2.5 

1, 757. 4 

169. 69 

11-30-37 _ _ 

126.  842 

2. 3173 

5. 0053 

-.2 

2.5 

1,  758.  3 

170. 05 

Average . . 

170.00 

Even  temperature  interval  2.5°  to  5.0°  C.  Aa/Af =4.20424  int.  j/g-°C 
Formulated  value  of  AZ/A<= 170.07  int.  j/°C 
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Table  4. — Principal  data  from  small-mass  heat-capacity  experiments — Continued 


Date 

Mass  of 
water, 
M 

Initial 

temper¬ 

ature 

Final 

temper¬ 

ature 

Heat 

leak 

Pump 

energy 

Energy 
for  even 
temper¬ 
ature 
interval 

AZ/At 

9-27-37 _ 

a 

127. 140 

°C 

5.  0941 

°C 

9.  5974 

Int.  j 
-0.3 

Int.  j 
5.0 

Int .  j 

3, 519. 3 

Int.  jt°C 
170. 47 

9-28-37 _ 

127. 140 

5.  0468 

10.  0059 

.  1 

4.2 

3, 520. 3 

170.  67 

9-29-37 _ 

127.  140 

5.  0469 

10. 0019 

-.2 

4.2 

3,  520.  6 

170.  73 

9-30-37 _ 

127. 140 

4.9889 

10.  0055 

.0 

4.2 

3,  520. 0 

170.61 

10-1-37 _ 

127. 140 

5.  0698 

9.  9952 

-.2 

4.2 

3,  519.  3 

170.47 

11-5-37 _ 

126.  708 

5. 0086 

10.  0132 

-.2 

2.9 

3,  510.  6 

170.55 

11-6-37 _ 

126.  708 

5.0013 

9.  9995 

-.3 

2.9 

3,  511.9 

170.81 

11-11-37 _ 

126. 713 

4.  9966 

10. 0060 

-.5 

2.9 

3,511.4 

170.  68 

11-12-37 _  _ 

126.713 

4.  9985 

10. 0012 

-.4 

2.9 

3,511.3 

170.66 

11-24-37 _ 

126. 842 

5. 0065 

10. 0022 

.4 

3.8 

3,  513. 0 

170.46 

11-30-37 _ 

126.  842 

5.  0053 

10.  0091 

-.2 

3.8 

3,514.  1 

170.  68 

Average.  . . . . . 

170. 61 

Even  temperature  interval  5°  to  10°  C.  Aa/At=i.  19527  int.  j/g-°C 
Formulated  value  of  AZ/Af= 170.69  int.  j/°C 


9-27-37 _ 

127. 140 

9.  5974 

15.  0994 

-0.3 

4.5 

3,  520.  3 

171.  75 

9-28-37 _ 

127.  140 

10.  0059 

15.  0066 

-.3 

4.  2 

3,  519.  0 

171.49 

9-29-37  _ 

127. 140 

10,  0019 

15. 0031 

-.  1 

4.  2 

3,519.  1 

171.  51 

9-30-37 _ 

127. 140 

10.  0055 

15. 0155 

-.4 

4.  2 

3,518.9 

171.47 

10-1-37 _ 

127.  140 

9.  9952 

15.  1422 

.  1 

4.  2 

3,  518.  4 

171.37 

11-5-37 _ 

126.  708 

10.  0132 

15. 0025 

-.2 

2.9 

3,  510.  0 

171.  50 

11-6-37 _ 

126.  708 

9. 9995 

15.0001 

-.3 

2.9 

3,  511.  1 

171.  72 

11-11-37 _ 

126.713 

10.  0131 

14.  9993 

-.4 

2.9 

3,510.9 

171.66 

11-12-37 . . . 

126.  713 

10.0012 

15.  0015 

-.2 

2.9 

3,  510.  5 

171.  58 

11-24-37 _ 

126.  842 

10.  0022 

15.0063 

-.3 

3.9 

3,  512.  1 

171.36 

11-30-37 _ 

126.  842 

10.  0091 

15.  0004 

-.2 

3.8 

3,  513. 1 

171.  56 

Averasre _  _ 

171.54 

Even  temperature  interval  10°  to  15°  C.  Aa/A<=4.  18678  int.  j/g-°C 
Formulated  value  of  AZ/At= 171.59  int.  j/°C 


9-27-37 _ 

127. 140 

15.  0994 

20.  0230 

-0.4 

4.3 

3,  521.  2 

172.64 

9-28-37 _ 

127. 140 

15. 0066 

19.  9974 

-.3 

4.3 

3,  520.  6 

172.  52 

9-29-37 _ 

127.  140 

15.  0031 

20.  0028 

-.2 

4.3 

3,  521.  0 

172.  60 

9-30-37 _ 

127. 140 

15.  0155 

19.  9961 

-.3 

4.3 

3,  520.  7 

172.  54 

10-1-37 _ 

127. 140 

15.  1422 

20.  0015 

-.  1 

4.  2 

3,  519.  3 

172.  26 

11-5-37 _ 

126.  708 

15.  0025 

20.  0054 

-.3 

3.0 

3,512.0 

172.61 

11-6-37 _ 

126.  708 

15.0001 

20.0011 

-.3 

3.0 

3,  512.  7 

172.  75 

11-11-37 _ 

126.  713 

14.  9993 

20.0015 

-.4 

3.0 

3,  512.7 

172.  73 

11-12-37 _  _ 

126.713 

15.0015 

20. 0013 

-.2 

3.0 

3,  512.  4 

172.  67 

11-24-37 _ _ _ 

126. 842 

15.  0063 

20.  0075 

-.  1 

3.8 

3,  514.  1 

172.47 

11-30-37 _ 

126.  842 

15.  0004 

19.9991 

-.3 

3.8 

3,  514.4 

172.  53 

Average _ _ . 

172.  57 

Even  temperature  interval  15°  to  20°  C.  Aa/At=i.  18119  int.  j/g-°0 
Formulated  value  of  AZ/A<= 172.60  int.  j/°  O 


9-27-37 _ _ _ 

127.  140 

20.  0230 

24.  9939 

-0.  2 

4.6 

3,  524.  2 

173.  71 

9-28-37 _ 

127.  140 

19.  9974 

24.  9946 

-.3 

4.3 

3,  523.  7 

173.  61 

9-29-37 _ 

127.  140 

20.  0028 

24.  9979 

-.4 

4.3 

3,  524.  3 

173.  73 

9-30-37 _ 

127.  140 

19.  9961 

24.  9962 

-.  2 

4.  3 

3,  524.  0 

173.  67 

10-1-37 _ 

127.  140 

20.  0015 

25.  0055 

-.4 

4.3 

3,  522.  8 

173.43 

11-5-37 _ 

126.  708 

20.  0054 

25.  0067 

-.3 

3.0 

3,514.9 

173.  65 

11-6-37 _ 

126.  708 

20.  0011 

24.  9988 

-.3 

3.  0 

3,515.6 

173.  79 

11-11-37 _ 

126.  713 

20.  0015 

24.  9971 

-.3 

3.0 

3,515.8 

173.  81 

11-12-37 _ 

126.  713 

20.  0013 

24.  9966 

-.2 

3.0 

3,515.4 

173.  73 

11-24-37 _ 

126.  842 

20. 0075 

25.  0031 

-.2 

3.9 

3,517.2 

173.  55 

11-30-37 _ 

126.842 

19. 9991 

24.  9978 

-.4 

3.9 

3,  517.  4 

173.  59 

Average _  _ 

173.  66 

Even  temperature  interval  20°  to  25°  C.  Aa/A<=4. 17753  int.  j/g-°C 
Formulated  value  of  AZ/At=173.74  int.  j/°C 
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Table  4. — Principal  data  from  small-mass  heat-capacity  experiments — Continued 


Date 

Mass  of 
water, 
M 

Initial 

temper¬ 

ature 

Final 

temper¬ 

ature 

Heat 

leak 

Pump 

energy 

Energy 
for  even 
temper¬ 
ature 
interval 

AZ/At 

1 1 

°C 

°C 

Int.  j 

Int.  j 

Int.  j 

Int.  j laC 

9-27-37... _ _ _ 

127. 140 

24.9939 

29. 9932 

-0.2 

4.3 

3,  530.  2 

175.  21 

9-28-37 _ 

127.  140 

24.  9946 

29.  9991 

-.  1 

4.3 

3,  529.  3 

175.  03 

9-29-37 _ 

127. 140 

24.  9979 

29. 9949 

-.3 

4.3 

3,  529.  2 

175.01 

9-30-37 _ 

127.  140 

24.  9962 

29.  9948 

—  J2 

4.3 

3,  529.  8 

175.  13 

10-1-37 _ _ _ 

127.  140 

25. 0058 

30. 0080 

-.  4 

4.3 

3,  528. 9 

174.95 

11-5-37 _ 

126.  708 

25.  0067 

30.0113 

-.2 

3.0 

3,  520. 1 

175.  00 

11-6-37 _ 

126.  708 

24. 9988 

29. 9981 

-.2 

3.0 

3,  520.  5 

175.  08 

11-11-37 _ 

126.  713 

24.  9971 

29.  9968 

__  2 

3.0 

3,  521.  0 

175.  16 

11-12-37 _ 

126.  713 

24. 9966 

29. 9974 

-.2 

3.0 

3,  520. 4 

175.  04 

11-24-37.. _ _ 

126.  842 

25.  0031 

30. 0057 

-.2 

3.9 

3,  522. 4 

174.90 

11-29-37 _ 

126.  842 

25.  0033 

29.  9767 

-.3 

4.  2 

3,  523. 0 

175.  02 

Average _ 

175.  06 

Even  temperature  interval  25°  to  30°  C.  Aa/Af=4. 17513  int.  j/g-°C 
Formulated  value  of  AZ/At= 175.02  int.  j/°C 


9-27-37 _ 

127. 140 

29.  9932 

39.  9929 

-0.5 

7.3 

7,  078.  8 

177.  32 

9-28-37 _ 

127. 140 

29. 9991 

39. 9917 

-.  1 

7.3 

7,  078. 1 

177.  25 

9-29-37 _ 

127. 140 

29. 9949 

39. 9848 

-.4 

7.3 

7, 079.  1 

177.  35 

9-30-37 _ 

127.  140 

29.  9948 

39. 9923 

-.6 

7.3 

7, 078. 4 

177.  27 

10-1-37 _ 

127.  140 

30.  0080 

39.  9991 

-.9 

7.3 

7,  078. 1 

177.  25 

11-5-37 _ 

126.  708 

30.0117 

40. 0274 

-.2 

5.2 

7, 059. 9 

177.  23 

11-8-37 _ 

126.  708 

29.  9930 

39.  9952 

-.  1 

5.  2 

7, 059.  2 

177.  16 

11-11-37 _ 

126.  713 

29.  9968 

39. 9884 

-.5 

5.2 

7, 061.5 

177.37 

11-12-37 _ 

126.  713 

29.  9974 

39.  9950 

-.3 

5.2 

7, 059.  7 

177. 19 

11-24-37 _ 

126.  842 

30. 0057 

40.  0131 

-.3 

6.6 

7,  064.  5 

177.  13 

11-29-37 _ 

126.  842 

29.  9797 

40.  0490 

-.7 

6.6 

7,  065. 1 

177. 19 

Average . . . 

177.  25 

Even  temperature  interval  30°  to  40°  C.  Aa/A(=4. 17307  int.  j/g-°C 
Formulated  value  of  AZ/Af=177.29  int.  j/°C 


9-27-37  _ 

127. 140 

39.9929 

49. 9881 

-0.6 

7.  5 

7, 115.4 

7.113.2 
7, 114.9 

7.113.3 
7,114.2 
7,  095.  7 

7,  095. 1 

7, 095.  5 

7,  094.  4 

7,  099.  9 

181.  14 

9-28-37  _ 

127. 140 

39.9917 

50.  0028 

-.5 

7.5 

180.  92 

9-29-37  .  _ 

127. 140 

39. 9848 

50.0068 

— .  5 

7.  5 

181.09 

9-30-37  _ 

127. 140 

39. 9923 

60.  0015 

-.  6 

7.  5 

180. 93 

10-1-37  _ 

127.  140 

39.9991 

50.  0037 

-.  7 

7.5 

181.02 

11-5-37  _ _ _ 

126. 708 

40.  0274 

50.  0222 

-.  3 

5.3 

180.  98 

11-8-37  _ _ 

126.  708 

39. 9952 

49. 9983 

-.  2 

5.  3 

180. 92 

11-11-37  .  _ 

126.  713 

39.  9967 

49.  9975 

-.3 

5.3 

180.  94 

11-12-37  _ 

126.  713 

40.  0046 

50.  0032 

-.4 

5.3 

180.  83 

11-24-37  _ 

126.  842 

40.  0231 

50.  0078 

-.3 

6.7 

180.84 

11-29-37  _  _ 

126.  842 

40.  0490 

50.  0050 

-.4 

6.7 

7, 100.  5 

180.90 

Average  _ 

180.  96 

Even  temperature  interval  40°  to  50°  C.  Aa/Af=4.17171  int.  j/g-°C 
Formulated  value  of  AZ/Af= 180.99  int.  j/°C 


9-27-37 _ 

127. 140 

49. 9881 

69.  9833 

-0.  7 

7.  6 

7,  160.  4 

185.71 

9-28-37 _ 

127. 140 

50.  0028 

59. 9990 

-.8 

7.6 

7,  159.  4 

185.  61 

9-29-37 _ 

127.  140 

50.  0068 

59.  9980 

-.3 

7.  6 

7, 159.  9 

185.  66 

9-30-37 _ 

127. 140 

50. 0015 

60.0036 

.  1 

7.  6 

7, 159.  9 

185.  66 

10-1-37 _ 

127. 140 

50. 0037 

60.  0053 

-.  7 

7.6 

7, 160.  1 

185.  68 

11-5-37 _ 

126.  708 

50.  0222 

60. 0165 

-.2 

5.4 

7,  142.  6 

185.  73 

11-8-37 _ 

126. 708 

49.  9983 

59. 9981 

— .  5 

5.4 

7,  141.6 

185.  03 

11-11-37 _ 

126.  713 

49.  9975 

59.9969 

-.6 

5.4 

7,  142.  2 

185.  67 

11-12-37 _ 

126.  713 

50. 0032 

59.  9945 

-.  1 

5.4 

7,  141.  1 

185.  56 

11-24-37 _ 

126.  842 

50.  0225 

60.  0085 

-.  2 

6,9 

7, 145.  8 

185.  49 

11-29-37 _ 

126.  842 

50.  0050 

60. 0022 

-.3 

6.8 

7, 146. 1 

185.  52 

Average . .  ... 

185.  63 

Even  temperature  interval  50°  to  60°  C.  Aa/Af=4. 17124  int.  j/g-°C 
Formulated  value  of  AZjAt  =  185.66  int.  j/°C 
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Table  4. — Principal  data  for  small-mass  heat-capacity  experiments — Continued 


Date 

Mass  of 
water, 
M 

Initial 

temper¬ 

ature 

Final 

temper¬ 

ature 

Heat 

leak 

Pump 

energy 

Energy 
for  even 
temper¬ 
ature 
interval 

AZ/Af 

Q 

°C 

°C 

Int.  j 

Int.  j 

Int.  j 

Int.  j/°C 

9-27-37 _ 

127.  140 

59. 9833 

69.  9959 

-1. 1 

7.  7 

7,  219.  3 

191.61 

9-28-37 _ 

127.  140 

59.  9990 

69.  9834 

-1.0 

7.7 

7,  218.  1 

191.  49 

9-29-37 _ _ _ 

127.  140 

69.  9980 

69.  9870 

-0.2 

7.7 

7,217.9 

191.47 

9-30-37 _ 

127.  140 

60.  0036 

70.0132 

-0.  2 

8.0 

7,217.0 

191.38 

10-1-37 _ 

127.  140 

60.  0053 

69.  9886 

-1. 1 

7.7 

7,218.7 

191.  55 

11-5-37 _ 

126.  708 

60.0105 

70.0135 

-0.3 

5.6 

7,200.8 

191.  57 

11-8-37 _ _ _ _ 

126.  708 

59. 9973 

70.  0845 

-.3 

5.6 

7, 199.  2 

191.41 

11-12-37 _ 

126.  713 

59. 9945 

09.  9907 

-.4 

5.6 

7,  200.0 

191.47 

11-24-37 _ 

126.  842 

60.  0085 

69.  9908 

-.4 

7.0 

7,  204.  5 

191.38 

11-29-37 _ 

126.  842 

60. 0022 

69.  9523 

-.4 

7.0 

7,  204. 8 

191.  41 

Average _ _ 

191  47 

Even  temperature  Interval  60°  to  70°  C.  Aa/Af=4. 17111  int.  j/g-°C 
Formulated  value  at  AZ/At= 191.52  int.  j/°C 


9-27-37 _ 

127. 140 

69.  9959 

79. 9973 

-1.2 

7.8 

7,  292.  0 

198. 88 

9-28-37 _ 

127. 140 

69. 9834 

80.0011 

-  .5 

7.8 

7,  291.  1 

198.  79 

9-29-37 _ 

127. 140 

69.  9870 

80.  0073 

-  .3 

7.8 

7,  290.  8 

198.  76 

9-30-37 _ 

127.  140 

70. 0132 

80. 0058 

-  .2 

8.8 

7,  289.  9 

198.67 

10-1-37 _ 

127. 140 

69. 9886 

80. 0043 

-  .6 

7.8 

7,291.5 

198. 83 

11-5-37 _ 

126.  708 

70.  0135 

80. 0056 

-  .1 

5.7 

7,  273.  6 

198.84 

11-8-37 _ _ 

126.  708 

70. 0845 

79. 9952 

-  .4 

5.7 

7,  272.  8 

198. 76 

11-29-37 _ 

126.  842 

69. 9523 

79. 9922 

-  .3 

7. 1 

7,  277.  7 

198. 69 

Average . . . 

198.  78 

Even  temperature  interval  70°  to  80°  C.  Aa/A<=4. 17114  int.  j/g-°C 
Formulated  value  of  AZ/Af=  198.79  int.  j/°  C 


9-27-37 . . . . . 

127. 140 

79. 9973 

89. 9929 

-0.5 

8.0 

7, 381.9 

7. 379. 7 
7, 381. 1 

7, 379.  7 

7, 381. 5 

7, 363. 4 

7,  363.  2 

7. 367. 7 

207. 86 

9-28-37 _ _ 

127. 140 

80.0011 

90. 0146 

-.2 

8.6 

207.  64 

9-29-37- . . . . 

127. 140 

80. 0073 

90. 0104 

-.5 

8.0 

207. 78 

9-30-37  . . . 

127. 140 

80.0058 

90.0117 

-.8 

8.3 

207.  64 

10-1-37 _ _ _ _ 

127. 140 

80.  0043 

89.  9998 

-.6 

8.0 

207.  82 

11-5-37 _ _ _ 

126.  708 

80. 0056 

89. 9972 

-.3 

5.8 

207.  81 

11-8-37 . . . 

126.708 

79. 9952 

90.0004 

-.7 

5.8 

207.  79 

11-29-37 _ 

126. 842 

79.  9922 

90. 0033 

-.3 

7.2 

207.  68 

Average . 

207. 75 

Even  temperature  interval  80°  to  90°  C.  Aa/Af=4. 17124  int.  j/g-°C 
Formulated  value  of  AZ/Af= 207.74  int.  j/°  C 


9-27-37 _ 

127. 140 

89. 9929 

99. 9985 

-0.7 

8.1 

7,  489.  8 

7. 488.  9 

7. 489.  5 
7,  488.  2 
7,  489.  9 
7,471.8 

7, 472. 6 
7, 476. 0 

218.  63 

9-28-37 _ _ 

127. 140 

90.  0146 

100. 0007 

.2 

8.7 

218.  54 

9-29-37  . .  _ 

127. 140 

90.  0104 

99.  9982 

-.  1 

8.7 

218.  60 

9-30-37- . . . . . 

127.  140 

90.0117 

99.  9885 

-.4 

8.  4 

218.47 

10-1-37 _ _ _ 

127. 140 

89.  9998 

99. 9970 

-.6 

8. 1 

218.  64 

11-5-37.-- _ _ _ _ 

126.  708 

89. 9972 

99.  9959 

-.6 

5.9 

218.  63 

11-8-37 . . . 

126.  708 

90.0004 

100.0010 

-.9 

6.  7 

218.  71 

11-29-37  . . 

126. 842 

90. 0170 

100. 0005 

-.4 

7.3 

218.50 

Average _ _ _ 

218.  59 

Even  temperature  interval  90°  to  100°  C.  Aa/A<=4. 17137  int.  j/g-°C 
Formulated  value  of  AZ/A<= 218.61  int.  j/°C 
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Table  5. — Calculation  of  specific  heat  at  1-atmosphere  pressure 


Tempera¬ 

ture 

interval 

Aa/A  t, 
measured 

Reductions  to  give  C„ 
pherc 

at  1  atmos- 

Cp, 

experi¬ 

mental 

Cp. 

formu¬ 

lated 

Devia¬ 

tion 

exp.— 

form- 

Mid¬ 
temper¬ 
ature  of 
interval 

A H  Aa 
At  At 

(***) 

\  At  /  p-, 

\  At  /»»t 

Cp-i 

-(*“) 

\  At  A-i 

1 

2 

3 

4 

5 

6 

7 

8 

9 

°C 

Int.  jig-0  C 

Int.  j/g-°C 

Int.  jlg-°C 

Int.  llg-°C 

Int.jlg-°C 

Int.  jlg-°C 

Int.  j/g.°C 

°C 

n  to  l _ 

4.21411 

0.  00085 

-0.  00054 

-o.  ooooi 

4.  21441 

4.21508 

-0. 00067 

0.5 

0  to  2.5 _ 

4.  21267 

.00089 

00052 

-.00008 

4.  21296 

4.  21242 

. 00054 

1.  25 

1  to  2 _ 

4. 21087 

. 00090 

-.00051 

-.00001 

4.21125 

4.21158 

-.00033 

1.  5 

0  to  5 _ 

4.  20811 

. 00096 

-.00051 

-.00027 

4.  20829 

4.  20837 

-.  00008 

2.  5 

2  to  3 _ 

4.  20764 

.00096 

-.  00051 

-. 00001 

4.  20808 

4.  20837 

-.  00029 

2.  5 

3  to  4 _ 

4.  20533 

. 00101 

-.00050 

-.00001 

4.  20583 

4. 20542 

.00041 

3.5 

2.5  to  5.0 _ 

4.  20385 

. 00103 

-.00050 

-. 00006 

4.  20432 

4. 20472 

-.00040 

3.  75 

4  to  5 _ 

4.  20219 

. 00107 

-. 00050 

-.00001 

4.  20275 

4.20272 

. 00003 

4.  5 

5  to  10 _ 

4.  19530 

. 00127 

-.00047 

-.00018 

4.  19592 

4. 19588 

. 00004 

7.5 

10  to  15 _ 

4.  18668 

.00167 

-. 00045 

-. 00012 

4. 18778 

4. 18784 

-.00006 

12.  5 

15  to  20 _ 

4. 18130 

.  00217 

-. 00045 

-. 00008 

4. 18294 

4. 18280 

.00014 

17.  5 

20  to  25 _ 

4. 17728 

. 00279 

-. 00045 

-. 00006 

4.  17956 

4.  17977 

-.  00021 

22.5 

25  to  30 _ 

4.  17538 

.  00354 

-.00047 

-.  00004 

4. 17840 

4.  17814 

.00026 

27.  5 

30  to  40 _ 

4.  17302 

.  00500 

-. 00053 

-. 00010 

4. 17739 

4. 17744 

-.00005 

35 

40  to  50 _ 

4.  17165 

.00761 

-.00065 

-.00007 

4. 17854 

4.  17866 

-.00012 

45 

50  to  60 _ 

4. 17132 

.01122 

-.00084 

-.00006 

4. 18164 

4. 18161 

.00003 

55 

60  to  70 _ 

4.  17124 

.01606 

-.00110 

-.00006 

4. 18614 

4. 18604 

.00010 

65 

70  to  80 _ 

4. 17105 

.02239 

-.00144 

-.00007 

4.  19193 

4. 19200 

-.  00007 

75 

80  to  90 _ 

4. 17129 

. 03049 

-.00188 

-.00008 

4. 19982 

4. 19972 

.00010 

85 

90  to  100 _ 

4.  17126 

.04063 

-.00241 

-. 00010 

4.  20939 

4.  20947 

-. 00008 

95 
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Table  6.- — Heat  capacity  of  air-free  water  at  1  atmosphere  pressure 


Temper¬ 

ature 

cP 

Enthalpy,  IIV 

Temper¬ 

ature 

CP 

Enthalpy,  Hp 

°C 

Abs.  ]/g-°C 

Abs.  He 

IT  Cal/g 

°C 

Abs.j/g-°C 

Abs.j/g 

IT  Callg 

0 

4.  2177 

0.  1026 

0.  0245 

50 _ 

4.  1807 

209.  3729 

50.  0079 

] 

4.  2141 

4.  3184 

1.  0314 

51 _ 

4.  1810 

213.  5538 

51.  0065 

2 _ 

4.  2107 

8.  5308 

2.  0376 

52 _ 

4.  1814 

217.  7350 

52.  0051 

3 _ 

4.  2077 

12.  7400 

3.  0429 

53 _ 

4.  1817 

221.  9166 

53.  0039 

4 _ 

4.  2048 

16.  9462 

4.  0475 

54 _ 

4.  1820 

226.  0984 

54.  0027 

5 _ 

4.  2022 

21.  1498 

5.  0515 

55 _ 

4.  1824 

230.  2806 

55.  0016 

6 

4.  1999 

25.  3508 

6.  0549 

56-- 

4.  1828 

234.  4632 

56.  0006 

7 _ 

4.  1977 

29.  5496 

7.  0578 

57 _ 

4.  1832 

238.  6462 

56.  9997 

8 _ 

4  1957 

33.  7463 

8.  0602 

58 _ 

4.  1836 

242.  8296 

57.  9989 

9  _ 

4.  1939 

37.  9410 

9.  0621 

59 _ 

4.  1840 

247.  0134 

58.  9982 

10  ... 

4.  1922 

42.  1341 

10.  0636 

60 _ 

4.  1844 

251.  1976 

59.  9975 

11 _ 

4.  1907 

46.  3255 

11.  0647 

61 _ 

4.  1849 

255.  3822 

60.  9970 

12 _ 

4.  1893 

50.  5155 

12,  0654 

62 _ 

4.  1853 

259.  5673 

61.  9966 

13 _ 

4.  1880 

54.  7041 

13.  0659 

63 _ 

4.  1858 

263.  7529 

62.  9963 

14 _ 

4.  1869 

58.  8916 

14.  0660 

64 _ 

4.  1863 

267.  9390 

63.  9962 

15 _ 

4.  1858 

63.  0779 

15.  0659 

65 _ 

4.  1868 

272.  1256 

64.  9961 

16 _ 

4.  1849 

67.  2632 

16.  0655 

66 _ 

4.  1874 

276.  3127 

65.  9962 

17 _ 

4.  1840 

71.  4476 

17.  0650 

67  . 

i  1879 

4.  1885 

280.  5003 

66.  9964 

18  _ 

4.  1832 

75.  6312 

18.  0642 

68 

284.  6885 

67.  9967 

19 _ 

4.  1825 

79.  8141 

19.  0633 

69 _ 

4.  1890 

288.  8772 

68.  9972 

20 _ 

4.  1819 

83.  9963 

20.  0622 

70 _ 

4.  1896 

293.  0665 

69.  9977 

21 _ 

4.  1813 

88.  1778 

21.  0609 

71 _ 

4.  1902 

297.  2564 

70.  9985 

22 _ 

4.  1808 

92.  3589 

22.  0596 

72 

4.  1908 

301.  4469 

71.  9994 

23 _ 

4.  1804 

96.  5395 

23.  0581 

73 

4.  1915 

305.  6381 

73.  0004 

24. _ 

4.  1800 

100.  7196 

24.  0565 

74 

4.  1921 

309.  8299 

74.  0016 

25 _ 

4.  1796 

104.  8994 

25.  0548 

75 _ 

4.  1928 

314.  0224 

75.  0030 

26 _ 

4.  1793 

109.  0788 

26.  0530 

76 

4.  1935 

318.  2155 

76.  0045 

27 _ 

4.  1790 

113.  2580 

27.  0512 

77 

4.  1942 

322.  4094 

77.  0062 

28 _ 

4.  1788 

117.  4369 

28.  0493 

78 

4.  1949 

326.  6039 

78.  0080 

29 _ 

4.  1786 

121.  6157 

29.  0474 

79 

4.  1957 

330.  7992 

79.  0101 

30 _ 

4.  1785 

125.  7943 

30.  0455 

80 _ 

4.  1964 

334.  9952 

80.  0123 

31 _ 

4.  1784 

129.  9727 

31.  0435 

81 _ 

4.  1972 

339.  1920 

81.  0147 

32 _ 

4.  1783 

134.  1510 

32.  0414 

82 _ 

4.  1980 

343.  3897 

82.  0172 

33 _ 

4.  1783 

138.  3293 

33.  0394 

83 

4.  1988 

347.  5881 

83.  0200 

34 _ 

4.  1782 

142.  5076 

34.  0374 

84 

4.  1997 

351.  7873 

84.  0230 

35- ^ _ 

4.  1782 

146.  6858 

35.  0353 

85  . 

4.  2005 

355.  9874 

85.  0262 

36 _ 

4.  1783 

150.  8641 

36.  0333 

86 

4.  2014 

360.  1883 

86.  0295 

37 _ 

4.  1783 

155.  0423 

37.  0312 

87 _ 

4.  2023 

364.  3902 

87.  0331 

38 _ 

4.  1784 

159.  2207 

38.  0292 

88 

4.  2032 

368.  5929 

88.  0369 

39 _ 

4.  1785 

163.  3991 

39.  0272 

89 

4.  2042 

372.  7966 

89.  0410 

40 _ 

4.  1786 

167.  5777 

40.  0253 

90-___- 

4.  2051 

377.  0012 

90.  0452 

41 _ 

4.  1787 

171.  7563 

41.  0233 

91 

4.  2061 

381.  2068 

91.  0497 

42 _ 

4.  1789 

175.  9351 

42.  0214 

92 _ 

4.  2071 

385.  4135 

92.  0545 

43 _ 

4.  1791 

180.  1141 

43.  0195 

93 

4.  2081 

389.  6211 

93.  0594 

44 _ 

4.  1792 

184.  2933 

44.  0177 

94 

4.  2092 

393.  8297 

94.  0647 

45 _ 

4.  1795 

188.  4726 

45.  0159 

95 _ 

4.  2103 

398.  0395 

95.  0701 

46 _ 

4.  1797 

192.  6522 

46.  0142 

96 

4.  2114 

402.  2503 

96.  0759 

47 _ 

4.  1799 

196.  8320 

47.  0125 

97 _ 

4.  2125 

406.  4622 

97.  0819 

48 _ 

4.  1802 

201.  0120 

48.  0109 

98 

4.  2136 

410.  6753 

98.  0882 

49 _ 

4.  1804 

205.  1923 

49.  0094 

99 _ 

100.-- 

4.  2148 
4.  2160 

414.  8895 
419.  1049 

99.  0947 
100.  1015 
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Table  7. — Enthalpy  of  saturated  liquid  water 


Temperature 

y 

ai  o 

0 

Enthalpy 

°C 

Int.j/g 

Int.  j/g 

Int.j/g 

Abs.  j/g 

IT  Cal/g 

0 _ 

0.  0000 

0.  0121 

0.  0000 

0.  0000 

0.  0000 

5 _ 

21.  0408 

.  0169 

21.  0456 

21.  0496 

5.  0276 

10 _ 

42.  0172 

.  0233 

42.  0283 

42.  0363 

10.  0402 

15 _ 

62.  9511 

.  0316 

62.  9706 

62.  9826 

15.  0431 

20 _ 

83.  8571 

.  0425 

83.  8875 

83.  9034 

20.  0400 

25 _ 

104.  7447 

.  0564 

104.  7890 

104.  8089 

25.  0332 

30 _ 

125.  6204 

.  0741 

125.  6824 

125.  7063 

30.  0244 

35 _ 

146.  4883 

.  0963 

146.  5725 

146.  6003 

35.  0149 

40 _ 

167.  3511 

.  1241 

167.  4631 

167.  4949 

40.  0055 

45 _ 

188.  2108 

.  1583 

188.  3570 

188.  3928 

44.  9968 

50 _ 

209.  0685 

.  2002 

209.  2566 

209.  2964 

49.  9896 

55 _ 

229.  9251 

.  2510 

230.  1640 

230.  2077 

54.  9842 

60 _ 

250.  7810 

.  3123 

251.  0812 

251.  1289 

59.  9811 

65 _ 

271.  6366 

.  3858 

272.  0102 

272.  0619 

64.  9808 

70 _ 

292.  4921 

.  4730 

292.  9530 

293.  0087 

69.  9839 

75 _ 

313.  3477 

.  5760 

313.  9116 

313.  9712 

74.  9907 

80 _ 

334.  2035 

.  6970 

334.  8883 

334.  9519 

80.  0019 

85 _ 

355.  0596 

.  8381 

355.  8856 

355.  9532 

85.  0180 

90 _ 

375.  9159 

1.  0019 

376.  9057 

376.  9773 

90.  0395 

95 _ 

396.  7726 

1.  1909 

397.  9514 

398.  0270 

95.  0671 

100 _ 

417.  6296 

1.  4082 

419.  0257 

419.  1053 

100.  1016 

V.  REVIEW  OF  EARLIER  WORK  AND  COMPARISONS 

It  is  of  interest  to  present  a  resume  of  comparisons  between  the  pres¬ 
ent  results  and  the  earlier  results,  but  unfortunately,  it  seems  impossible 
to  make  all  such  comparisons  on  the  basis  of  defmite  evaluation.  As 
mentioned  above,  so  many  uncertain  factors  regarding  units,  stand¬ 
ards,  and  experimental  technique  have  been  involved  in  some  of  the 
earlier  work  that  the  results  of  much  of  the  pioneer  research  is  difficult 
to  interpret  and  appraise  in  terms  of  present  standards.  In  spite  of 
the  care  with  which  these  various  determinations  were  made,  the 
diversity  of  results  indicates  that  in  some  of  the  work,  the  uncertain¬ 
ties  were  greater  than  supposed. 

Since  the  present  determinations  have  been  made  by  use  of  the 
present  standards  of  electromotive  force  and  electric  resistance,  they 
yield  values  for  the  heat  capacity  of  water  in  international  electric- 
energy  units.  They  are  comparable,  in  kind,  to  two  types  of  previous 
measurements,  those  in  which  the  variation  of  specific  heat  with  tem¬ 
perature  has  been  observed,  and  those  in  which  the  heat  capacity  of 
water  has  been  measured,  either  in  mechanical  or  electrical  units  of 
energy. 

Comparisons  of  the  determinations  of  the  variation  of  specific  heat 
may  be  made,  independently  of  the  absolute  value  of  the  energy 
units.  These  comparisons  may  easily  be  made  by  arbitrarily  choosing 
a  temperature  at  which  the  observed  specific  heat  is  taken  as  unity. 
Differences  in  temperature  scales  used  and  such  calorimetric  errors 
as  heat  leaks,  however,  would  affect  the  accord. 

For  the  evaluation  of  the  heat  capacity  or  specific  heat  of  water  in 
the  fundamental  or  absolute  units  of  energy,  the  choice  of  values  for 
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the  relations  between  units  and  standards  of  different  periods  is  in¬ 
volved,  particularly  for  measurements  made  by  the  method  of  electric 
heating.  The  data  available  for  this  purpose  are  not  adequate  to 
yield  satisfactory  appraisals  of  all  the  experimental  data.  The  opin¬ 
ions  of  some  who  have  studied  this  matter  are  interesting. 

For  example,  in  the  discussion  of  T.  H.  Laby’s  [13]  critical  review 
paper  on  the  mechanical  equivalent  of  heat,  several  physicists  have 
given  their  views.  F.  E.  Smith  said  that  he  “had  little  faith  in  the 
values  of  physical  constants  obtained  by  applying  corrections  long 
after  the  date  of  the  observations.”  G.  M.  Clark  said  “I  doubt 
whether  much  is  gained  by  discussing  the  results  of  other  observers 
by  making  known  corrections  that  arise  through  the  light  of  later 
knowledge  *  *  *  the  halo  of  nebulosity  surrounding  any  physical 

determination  is  probably  greater  than  the  original  experimenter 
cared  to  acknowledge  to  himself.  I  am  also  of  the  opinion  that  the 
only  person  who  can  revise  any  old  determination  is  the  person  who 
made  it.”  Ezer  Griffiths  said  “I  view  with  misgivings  attempts  to 
correct  old  work  unless  made  by  the  investigators  themselves,  as  they 
alone  are  acquainted  with  all  the  facts  concerning  the  apparatus.” 
E.  H.  Griffiths  said  “I  confess  that  it  appears  to  me  that  it  is  the  final 
and  not  the  earlier  conclusions  of  an  author  which  should  be  quoted.” 
In  this  very  frank  discussion,  several  authors  gave  reappraisals  of  their 
earlier  numerical  values,  which  are  most  helpful  to  reviewers. 

In  comparing  various  appraisals  made  in  the  past,  much  can  be 
found  to  support  these  views.  It  seems,  however,  that  part  of  the 
discord  which  has  baffled  reviewers  may  be  removed  by  use  of  more 
complete  correction  data,  without  too  ruthless  rejection  of  early 
experimental  work. 

In  accord  with  the  above  warnings  of  caution,  the  present  authors 
propose  to  accept  at  their  face  values  the  experimenters’  own  reap¬ 
praisals,  where  available.  In  view  of  the  impossibility  of  precise 
interpretation  and  reduction  to  present  standards  of  much  of  the 
earlier  work,  and  since  this  service  has  been  already  so  thoroughly 
performed  by  previous  reviewers,  a  complete  review  will  not  be  under¬ 
taken  here.  Instead,  only  a  few  of  the  determinations  which  have 
been  cited  in  the  past  as  important  or  authoritative  have  been  selected 
for  examination  and  correlation  to  indicate  the  extent  of  corroboration. 
In  order  to  coordinate  them  for  intercomparison,  some  reductions 
have  been  made  by  using  equivalents  or  ratios  which  are  based  on 
more  complete  experimental  evidence  than  those  used  in  former 
reviews.  These  data  will  be  examined  in  two  respects,  the  first  by 
considering  the  experimental  data  yielding  values  for  the  mechanical 
equivalent  of  heat,  each  in  terms  of  some  definite  heat  unit,  and 
second,  by  considering  data  on  the  change  of  specific  heat  with 
temperature. 

James  Prescott  Joule 

Joule  [14]  appears  to  have  been  the  first  to  undertake  systematic 
measurements  of  the  mechanical  equivalent.  In  1850,  from  experi¬ 
ments  by  a  number  of  methods,  he  chose  a  value  of  772  foot-pounds 
per  heat  imit.  Later,  in  1878,  by  water  friction  in  a  calorimeter,  he 
obtained  the  value  772.6  foot-pounds  per  62°  F  heat  unit.  Because 
these  experiments  belong  to  an  early  period  in  the  development  of 
standards  of  physical  measurements,  it  is  impossible  to  evaluate  the 
results  in  terms  of  present  standards,  but  their  pioneer  nature  and 
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classical  refinement  set  them  apart  as  exempt  from  any  purely  numeri¬ 
cal  appraisal  of  their  relative  accuracy.  Tribute  to  Joule’s  work  is 
perpetuated  by  the  use  of  his  name  to  designate  the  unit  of  work. 

Henry  A.  Rowland 

Rowland  [15]  followed  Joule  by  making  a  series  of  elaborate  experi¬ 
ments  similar  in  principle  to  Joule’s,  but  with  greater  care  and  refine¬ 
ments  in  some  respects.  Although  the  thermometry  of  that  time 
was  less  precise  than  later,  Rowland’s  measurements  were  made  and 
recorded  so  carefully  that  they  could  be  revised  later  when  the  ther¬ 
mometers  that  he  used  had  been  compared  with  better-known  stand¬ 
ards.  William  S.  Day  [16],  with  Rowland’s  permission  and  advice, 
compared  Rowland’s  thermometers  with  the  Paris  Standard  (inter¬ 
national  hydrogen  scale)  and  made  a  revision  of  the  results  20  years 
after  the  original  work. 

At  the  conclusion  of  his  paper,  Rowland  says  “Between  the  limits 
of  15°  and  25°  C,  I  feel  almost  certain  that  no  subsequent  experi¬ 
ments  will  change  my  values  of  the  equivalent  so  much  as  2  parts  in 
1,000,  and  even  outside  those  limits,  say  between  10°  and  30°,  I  doubt 
whether  the  figures  will  ever  be  changed  much  more  than  that 
amount.”  This  concluding  estimate  seems  to  have  been  conservative. 

Table  8  gives  the  values  reported  by  Rowland  and  the  values  cor¬ 
rected  by  Day  at  five  temperatures  from  10°  to  30°  C.  It  also  gives 
the  NBS  values  reduced  to  the  same  temperature  intervals  and 
rounded  to  the  same  number  of  figures.  The  last  two  columns  give 
the  deviations  of  Rowland’s  original  and  Day’s  revision  from  the 
NBS.  Rowland’s  smoothed  results  differ  most  from  the  NBS  at  the 
ends  of  the  range  from  10°  to  30°  C,  and  there,  by  less  than  his  esti¬ 
mated  2  parts  in  1,000. 


Table  8. — Comparison  of  specific  heat  values  of  Rowland  with  NBS  values 


Temperature 

Rowland, 

1879 

Day’s  revi¬ 
sion,  1898 

NBS  1939 

Rowland 

minus 

NBS 

Day’s  revi¬ 
sion  minus 
NBS 

°C 

10___  _ _ 

j/s-°c 

4.200 
4. 189 
4. 179 
4.  173 
4. 171 

j/g-°c 

4. 196 

4.  188 

4.  181 

4.  176 

4. 174 

ila°c 

4. 192 
4. 186 

4.  182 

4.  180 

4.  179 

j/g-°C 

0.  008 
.003 
-.003 
-.007 
-.008 

j/9-°C 

0.  004 
.002 
-.001 
—.004 
-.005 

15 .  . . . . . 

20. __  . . . 

25...  _ _ _ _ _ 

30  .  . . . 

Average.  .  .  _.  _ 

-0.0016 

-0. 0010 

Rowland’s  values  are  greater  than  the  NBS  values  in  the  lower 
part  of  this  range  and  less  in  the  upper  part.  It  seems  probable 
that  these  departures  can  be  explained  by  the  correction  he  applied 
for  heat  leak,  or  “radiation,”  as  he  called  it.  This  correction 
amounted  to  over  2  percent  of  the  energy  input  when  the  temperature 
of  the  calorimeter  differed  from  that  of  the  jacket  by  10°  C.  He 
determined  the  “coefficients  of  radiation”  by  measurement,  but  in 
discussing  them  he  says  “the  circumstances  in  the  experiments  are 
not  the  same  as  when  the  radiation  was  obtained.”  These  circum¬ 
stances,  he  states,  “tend  to  give  too  small  [italics  Rowland’s]  coefficients 
of  radiation,  and  this  is  confirmed  by  looking  over  the  final  tables.” 
He,  however,  did  not  feel  at  liberty  to  make  corrections  on  this 
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basis.  Had  these  coefficients  been  greater  by  nearly  4  percent,  it 
would  have  accounted  for  the  difference  in  slope  of  Rowland’s  curve 
from  that  of  the  NBS,  as  will  be  seen  by  referring  to  table  8.  At 
20°  C,  which  is  the  midtemperature  of  the  range  in  which  Rowland 
estimated  his  greatest  precision,  Rowland’s  revised  value  is  less  than 
the  NBS  value  by  about  1  part  in  4,000.  At  15°  C,  which  was 
about  the  average  jacket  temperature,  and  where  the  heat  leak 
would  have  been  zero,  Rowland’s  revised  value  is  greater  than  the 
NBS  value  by  1  part  in  2,000. 

It  is  possible  that  his  remarkable  accord  with  recent  determina¬ 
tions  is  accidental,  but  it  appears  more  likely  to  be  due  to  the  thor¬ 
oughness  with  which  he  is  known  to  have  worked. 


Reynolds  and  Moorby 


These  workers  [17]  determined  the  mechanical  equivalent  of  heat 
by  means  of  a  hydraulic  brake  driven  by  a  steam  engine.  The 
measurements  were  carried  out  on  an  engineering  scale,  the  power 
input  being  in  some  experiments  as  large  as  65  hp.  This  feature  has 
sometimes  been  considered  an  advantage  as  compared  with  lesser 
proportions.  The  heat  developed  was  used  to  raise  the  temperature 
of  water  over  a  range  of  nearly  100°  C.  These  distinctions  give 
these  measurements  an  importance  for  purposes  of  comparison. 

It  must  be  recognized  that  in  some  other  respects,  the  apparatus 
and  technique  were  less  refined  than  in  the  case  of  some  of  the  other 
determinations.  Although  the  work  is  described  at  great  length, 
it  is  difficult  to  ascertain  all  details  which  would  aid  in  correlating  the 
numerical  result  with  others.  This  is  the  case  with  the  record  of 
the  initial  and  final  temperatures  and  pressures  of  the  water  which 
absorbed  the  energy  input  as  sensible  heat.  It  seems  that  for  the 
final  value  of  4.1832  abs.  j/g-°C,  the  approximate  range  of  state 
was  from  a  temperature  of  1.3°  C  and  a  pressure  of  1.53  atmospheres, 
to  a  final  temperature  of  100°  C  and  a  pressure  of  1.43  atmospheres. 
The  change  in  enthalpy  for  this  change  of  state  may  be  computed  from 
the  NBS  data  as  follows: 


Enthalpy  at  1.3°  C,  pressure  1  atm _ 

Change  for  0.53  atm _ 

Enthalpy  at  1.3°  C,  pressure  1.53  atm _ 

Enthalpy  at  100°  C,  pressure  1  atm _ 

Correction  for  0.43  atm _ 

Enthalpy  at  100°  C,  pressure  1.43  atm _ 

Change  in  enthalpy  1.3°  C,  1.53  atm,  to  100°  C  and  1.43 

atm _ 

Change  per  degree  by  NBS  value _ 

Reynolds  and  Moorby ’s  value _ _ 

R.  and  M.-NBS _ 


5.  583  abs.  j/g. 

0.  054  abs.  j/g. 

5.  637  abs.  j/g. 

419.  105  abs.  j/g. 

0.  033  abs.  j/g. 

419.  138  abs.  j/g. 

413.  501  abs.  j/g. 

4.  1895  abs.  j/g-°C. 
4.  1832  abs.  j/g-°C. 
0.  0063  abs.  j/g-°C 
(or  1  part  in  660) 


The  accord  of  this  result  with  the  NBS  result  is  inferior  to  the 
accord  of  Rowland’s  result  after  Day’s  revision  for  temperature 
scale.  Inasmuch  as  the  means  of  protection  from  heat  leak  in 
Reynolds  and  Moorby’s  work  were  less  complete  and  the  range  of 
temperature  considerably  greater,  it  is  very  probable  that  this  may 
account  in  part  for  the  greater  discrepancy.  Although  this  extensive 
research  sulfers  by  comparison  with  modern  technique,  the  approxi¬ 
mate  confirmation  of  smaller  scale  laboratory  measurements  has 
served  for  many  years  as  a  classical  contribution  to  engineering  data. 
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Laby  and  Here  us 

They  [18]  determined  the  mechanical  equivalent  of  heat  by  direct 
mechanical  measurements  using  an  induction  dynamometer  and  the 
method  of  continuous-flow  calorimetry.  The  ingenuity  of  design  and 
refinements  of  technique  justify  their  aim  at  “the  highest  precision 
attainable  with  the  present  developments  of  physical  technique.” 

There  have  been  two  serious  criticisms  of  Laby  and  Hercus’  work. 
Birge  [19]  has  proposed  a  reevaluation  of  their  result  by  disregarding 
the  experiments  near  20°  C  on  account  of  their  large  residual.  In  a 
later  paper,  Laby  and  Hercus  [20]  have  noted  this  criticism  and  have 
accepted  the  proposal.  Jessel  [21]  has  reported  finding  differences  in 
the  specific  heat  of  air-free  water  and  air-saturated  water  and  has 
questioned  Laby  and  Hercus’  result  on  the  score  that  air-free  water 
was  not  used.  In  replying  to  this  criticism,  Laby  and  Hercus  [20] 
deny  the  validity  of  Jessel’s  conclusions  in  their  own  case  and  show  by 
computation  that  the  effect  is  negligible.  As  a  reappraisal  in  1935 
of  the  final  result  of  their  measurements,  Laby  and  Hercus  give  for 
the  mechanical  equivalent  for  both  deaerated  and  aerated  water,  the 
value  of  4.1852X  107  ergs/150  cal,  which  may  be  taken  as  their  apprais¬ 
al  of  their  results  for  purposes  of  comparison.  The  present  NBS 
measurements  give  the  value  of  4.1858  j  (abs.)/g-°C  for  Cv  at  15°  C 
and  1  atmosphere,  which  agrees  within  1  part  in'  7,000  with  Laby  and 
Hercus’  value. 

Callendar  and  Barnes 

Their  work  [22]  on  the  measurement  of  the  heat  capacity  of  water 
between  5°  and  95°  C  by  the  continuous  electric-calorimetric  method 
is  without  doubt  more  pretentious  and  comprehensive  than  any  of 
the  other  researches  on  this  property  of  water.  The  results  which 
were  obtained  from  measurements  made  by  Barnes  in  1899  and  1900 
in  terms  of  the  electrical  standards  of  that  period  have  since  been  the 
subject  of  numerous  reviews  [13,  22,  23,  24,  25],  mostly  with  the  object 
of  deriving  better  appraisals  of  the  value  of  the  mechanical  equivalent 
of  heat  by  applying  corrections  to  bring  them  into  accord  with  known 
standards.  The  diversity  of  these  reappraisals  emphasizes  the  diffi¬ 
culty  and  uncertainty  involved.  Even  Callendar,  who  cooperated 
in  the  design  and  preparation  of  the  apparatus,  and  Barnes,  who 
carried  out  the  experimental  part  of  the  program,  differed  in  their 
opinions  of  the  validity  of  the  accounting  for  heat  leak.  It  seems  that 
for  the  purpose  of  comparisons,  the  best  course  is  to  take  the  authors’ 
own  latest  estimates.  These  along  with  others  are  given  in  table  9. 

In  1909  Barnes  [22]  revised  his  original  figures  of  1902  by  applying 
corrections  for  the  value  of  the  standard  cells.-  Callendar  [26]  reviewed 
previous  experiments  on  the  variation  of  specific  heat  of  water, 
described  experiments  by  a  new  method,  and  derived  a  formula  for 
specific  heat.  It  is  somewhat  difficult  to  differentiate  Callendar’s 
interpretations  of  these  several  elements,  and,  for  purposes  of  com¬ 
parison,  it  seems  best  to  take  his  tabulated  figures,  referred  to  the 
value  at  20°  C  as  unity.  Callendar  later,  in  1925  [13],  in  a  discussion 
of  T.  H.  Laby’s  paper  on  the  Mechanical  Equivalent  of  Heat,  has 
given  a  reappraisal  of  the  value  at  20°  C  from  the  Callendar  and 
Barnes’  experiments  as  4.178  abs.  j/g-°C.  This  value  is  practically 
the  same  as  the  value  4.1785  given  by  Barnes  in  1909.  Laby’s 
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appraisal  of  Callendar  and  Barnes’  valne  made  at  the  same  time  is 
4.1795  at  20°  C.  The  NBS  value  for  20°  C  at  present  is  4.1819, 
which  is  about  1  part  in  1,200  greater  than  Barnes’  figure.  Barnes’ 
estimated  values  of  the  specific  heats  at  other  temperatures  deviate 
from  the  NBS  values  by  as  much  as  1  in  500,  while  Callendar’s 
estimate  is  for  the  most  part  within  1  part  in  1,000  of  the  NBS  value. 
Barnes’  mean  value  between  5°  and  95°  C  of  4.1835  is  about  1  part  in 
1,000  less  than  the  corresponding  mean  value  of  4.1877  from  the 
NBS  measurements. 


Table  9.- — Comparison  of  specific  heat  value  of  Callendar  and  Barnes  with  NBS 

value 


Temperature 

Barnes 

original 

1902 

Barnes 

revised 

1909 

Callendar 

revised 

1925 

Laby’s 
revision  of 
Callendar 
and  Barnes 
1925 

Callendar 

1912 

Barnes 

1909 

NBS  1939 

°C 

0 

Abs.j/g-°C 

Abs.j/g-°C 

Abs.j/g-°C 

Abs.j/g-°C 

calnlg-°C 

caljolg-0C 

eal2o/g-°C 

1.00857 

5  .  _ 

4.  2105 

4.  2052 

1. 00596 

1.  00639 

1,00487 

1.00247 

10 

4.  1979 

4.  1926 

1. 00310 

1. 00337 

15  _ 

4. 1895 

4.  1842 

1.00122 

1.00136 

1.  00094 

20  _ 

4. 1838 

4. 1785 

4. 178 

4. 1795 

1. 00000 

1.00000 

1. 00000 

25  _ 

4.  1801 

4. 1748 

0.  99922 

0.  99911 

0.  99946 

30  .  _ 

4.  1780 

4.  1727 

. 99877 

. 99861 

.  99919 

35  _ 

4. 1773 

4. 1720 

.  99856 

. 99844 

.  99913 

40  _ 

4.  1773 

4.  1720 

. 99856 

.  99844 

.99921 

45  _  _ 

4.  1782 

4. 1729 

. 99871 

. 99866 

.99942 

50  _ 

4. 1798 

4.  1745 

.  99901 

. 99904 

.  99973 

55 

4.  1819 

4. 1766 

. 99942 

. 99955 

1.  00013 

GO  _ 

4.  1845 

4.  1792 

.  99994 

1.00017 

1.00061 

65  .  _ 

4.  1870 

4.  1817 

1.00055 

1.00077 

1.00119 

70  _ 

4.  1898 

4. 1845 

1.00125 

1.00144 

1.  00185 

75 

4.  1925 

4. 1872 

1.  00201 

1.  00208 

1.  00261 

80 

4. 1954 

4. 1901 

1.  00288 

1.00278 

1. 00348 

85 

4.  1982 

4. 1929 

1.  00380 

1.  00345 

1.00446 

90 

4.2010 

4.  1957 

1.  00479 

1.00412 

1.  00556 

95 

4.  2038 

4. 1985 

1.  00583 

1.  00479 

1.  00679 

Mean _ 

4.  1835 

100  .  _ 

1.00S17 

Although  it  is  difficult  to  explain  this  degree  of  discord,  it  seems 
possible  that  inaccurate  accounting  for  heat  leak  may  have  been 
responsible  for  much  of  the  difference.  It  is  difficult  to  believe  that 
Barnes’  estimate  in  1909  that  the  error  of  the  measurements  in  any 
part  of  the  range  did  not  exceed  1  part  in  10,000,  or  Callendar’s  esti¬ 
mate  of  1  part  in  4,000  for  the  absolute  value  of  the  mechanical  equiv¬ 
alent,  took  into  account  all  the  possibilities  for  deviations  from  the 
true  values. 

Jaeger  and  von  Stein wehr 

Their  measurements  [27]  were  made  at  the  Physikalisch-Technische 
Reichsanstalt  in  1921,  by  the  electric-heating  method,  and  extending 
over  the  range  from  5°  to  50°  C,  are  free  from  some  of  the  uncertainties 
of  units  and  standards  which  affect  much  of  the  earlier  work.  There 
is  very  little  doubt  that  the  temperature  scale  and  the  electrical 
standards  used  were  substantially  the  same  as  those  now  in  use  as 
international  standards.  The  numerical  values  as  given  originally 
may  therefore  be  taken  to  represent  the  experimental  data  between 
5°  and  50°  C  smoothed  by  an  empirical  formula  of  the  second  degree. 
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These  values  are  given  in  table  10  with  corresponding  NBS  values 
for  comparison. 

Henning  and  Jaeger  [28]  quote  the  value  of  4.1842  int.  j/g  °C  for  the 
heat  capacity  of  water  at  15°  C.,  estimating  the  accuracy  as  about  2 
parts  in  10,000.  The  PTR  formula  accords  with  the  NBS  value  at 
this  temperature  to  this  estimated  accuracy  but,  elsewhere,  the 
deviations  are  larger. 

It  is  of  interest  to  examine  the  individual  experimental  results  to 
see  to  what  extent  this  peculiarity  may  be  the  result  of  the  type  of 
formula  used.  It  is  a  well-known  fact  that  formulas  of  the  power 
series  type  often  show 
a  pronounced  tendency 
to  deviate  near  the  ends 
of  an  experimental 
range,  even  though 
fitted  to  the  data  by 
least-squares  adjust-  2  +20 
ment.  ~ 

In  figure  6  the  de-  h 
viation  of  the  PTR  5  0 

formula  from  the  NBS  ^ 
formula  is  shown  by 
the  smooth  curved  line.  P  -20 
The  deviations  of  the 
PTR  (observed-minus- 

calculated)  values  as  q  0  10  20  30  40  so  60 

given  by  Jaeger  and 
von  Steinwehr  in  their 
table  11  are  shown  by 


-  NBS  EQUATION 

0  0  PTR  OBSERVED 

'  PTR  EQUATION 

.  PTR  ALTERNATE 

0 

O 

0 

0  0 

O  / 

°^oc 

0.1]% 

Oo 

_ 

0 

,  0  0  8  0 

0 

0 

°o 

 SL  S - Q 

O 

O 

0 

0 

TEMPERATURE,  °C 

Figure  6.-—  Deviations  of  1’TR  from  NBS  values  of  Cv. 

the  points  designated  as  “PTR  obs.”  The  dotted  line  designated  as 
“PTR  Alternate”  represents  a  re-formulation  of  the  PTR  data  in  the 
light  of  the  present  work.  This  was  found  by  fitting  a  linear  equation 
to  the  deviations  of  the  PTR  data  from  the  NBS  equation,  and  therefore 
this  alternate  interpretation  of  the  PTR  results  differs  from  the  NBS  for¬ 
mulation  of  Cp  only  by  addition  of  a  correction  equal  to  [—0.00256  + 
0.0000486+  This  alternate  formulation  accords  with  the  observed 
values  slightly  better  than  the  PTR  equation  does,  and  is  of  a  type  which 
is  consistent  with  experimental  data  outside  their  range  of  temperature. 
The  greater  spread  of  the  PTR  data  is  to  be  expected  from  the  smaller 
temperature  intervals  used  which  were  only  about  1.4°  C,  and  the 
general  accord  may  be  considered  as  satisfactory. 


Table  10. — Comparison  of  specific  heat  values  of  Jaeger  and  von  Steinwehr  with 

NBS  value 


Tempera¬ 

ture 

Jaeger  and 
von 

Steinwehr 

Jaeger  and 
von 

Steinwehr 

alternate 

NBS  1939 

Tempera¬ 

ture 

Jaeger  and 
von 

Steinwehr 

Jaeger  and 
von 

Steinwehr 

alternate 

NBS  1939 

°C 

5 _ 

10 _ _ 

15 _ 

20 _ 

25 _ 

Int.  j/g-°C 
4. 1966 
4. 1897 

4. 1842 
4. 1800 

4. 1771 

Int.  j/g-°C 
4. 1991 

4. 1893 
4. 1832 
4. 1795 
4. 1775 

Int.  jtg-°C 

4.  2014 

4. 1914 

4. 1850 

4. 1811 
4.1788 

°C 

30 _ 

35 _ 

40 _ 

45 _ 

50 _ 

Int.  )lg-°C 
4. 1755 

4. 1753 

4. 1764 

4. 1788 

4. 1825 

Int.  )lg-°C 
4. 1766 
4. 1765 
4. 1772 
4. 1783 

4. 1798 

Int.  ]lg-°C 
4.  1777 
4. 1774 
4. 1778 
4. 1787 
4. 1799 
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The  earlier  measurements  of  the  enthalpy  of  saturated  water  made 
in  this  laboratory  and  published  in  1930  [2]  furnish  data  from  which 
values  of  specific  heat  of  water  at  1  atmosphere  in  the  range  0°  to  100° 
C  may  be  derived.  These  measurements  were  not  intended  primarily 
for  determining  the  specific  heat,  having  been  made  to  furnish  data  for 
enthalpy  of  water  and  steam  for  compiling  steam  tables,  and  values 
of  the  specific  heat  were  not  published.  Beside  other  limitations  on 
the  accuracy  of  the  NBS  1930  data,  the  larger  temperature  intervals 
then  used  gave  less  convincing  evidence  of  the  trend  of  specific  heat 
in  the  lower  range  of  temperature  where  the  change  is  most  rapid. 


Figure  7. — Comparison  of  values  of  Cv. 

Nevertheless,  these  results  have  been  taken  as  a  basis  for  values  of 
heat  capacity  of  water  used  in  measurements  of  enthalpy  of  super¬ 
heated  steam  by  several  of  the  laboratories  cooperating  in  the  inter¬ 
national  steam  research  project.  It  is  therefore  of  interest  to  note  the 
difference  between  the  old  and  the  new  results,  expressed  as  specific 
heat.  For  the  purpose  of  intercomparison,  the  values  of  Cp  at 
1 -atmosphere  pressure  have  now  been  computed  from  the  formulated 
results  of  the  1930  report  as  represented  by  the  following  formula 
given  for  alpha  in  the  range  0°  to  170°  C: 

«  =  1.240777  log10(~) +415.2412^) +0.6912^Y  - 0.044874(I^)4 

This  computation  of  Cp  was  made  in  a  manner  similar  to  those  for 
the  present  new  results  as  previously  described  in  this  report,  using 
the  same  value  for  /3  and  [HtY  atm8at-  The  values  of  Cp  thus  derived 
are  given  in  table  11  and  are  designated  as  Cp  (NBs  1930),  together  with 
the  1939  NBS  values. 

Comparative  values  of  specific  heat  in  absolute  joules  from  the 
determinations  just  reviewed  are  shown  graphically  in  figure  7. 
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Table  11. — Comparison  of  specific-heat  values  of  NBS  1980  with  NBS  1989  values 


Temperature 

cv 

NBS  1930 

Cr 

NBS  1939 

Temperature 

Cp 

NBS  1930 

NBS  1939 

°C 

hit.  j/g-°C 

Int.  jtg-°C 

°C 

Int.  )lg-°C 

Int.  jlg-°C 

0... _ _  _ 

4.  2297 

4.  2169 

50 

4. 1771 

4. 1799 

5 . . . 

4. 1986 

4. 2014 

55 

4. 1787 

4.1816 

in _ 

4. 1865 

4. 1914 

60 

4. 1808 

4. 1836 

15 _ 

4. 1804 

4. 1850 

65  .  . 

4. 1833 

4. 1860 

20 _ _ 

4.1771 

4. 1811 

70 

4.  1861 

4. 1888 

25 _ _ _ 

4. 1753 

4. 1788 

75 

4. 1894 

4.1920 

30 _ 

4.1746 

4. 1777 

80 

4. 1932 

4. 1956 

35 _ 

4. 1745 

4. 1774 

85  . 

4. 1974 

4. 1997 

40  .  _ 

4. 1749 

4. 1778 

90 

4.  2022 

4.2043 

45 _ _ _ 

4. 1758 

4. 1787 

95  . 

4.  2075 

4.  2095 

100 _ 

4.  2134 

4.  2152 

As  a  summary  of  the  review  and  comparisons  just  made,  it  is  found 
that  the  results  of  Rowland,  Laby  and  Hercus,  and  Jaeger  and  von 
Steinwehr  for  the  mechanical  or  electrical  equivalent  of  the  heat 
capacity  of  water  in  the  range  15°  to  20°  C,  are  corroborated  by  the 
results  of  the  present  investigation,  and  are  in  accord  with  a  value  of 
1.00019  for  the  ratio  of  the  international  volt-ampere  to  the  absolute, 
or  mechanical  watt.  It  is  further  found  that  the  results  of  Jaeger 
and  von  Steinwehr  throughout  their  experimental  range,  5°  to  50° 
C,  are  in  satisfactory  accord  with  the  present  NBS  results.  It  has 
not  been  found  possible  to  reconcile  the  discord  between  the  results  of 
Callendar  and  Barnes  and  the  present  NBS  results.  The  likelihood 
that  uncertainty  in  heat-leak  accounting  may  have  been  the  cause  of 
unsuspected  error  is  suggested.  The  close  control  of  this  factor  in 
the  present  work  may  be  considered  in  a  choice  of  definitive  values 
without  detracting  from  esteem  of  the  earlier  work. 

The  values  of  specific  heat  derived  from  the  earlier  (1930)  deter¬ 
minations  of  the  NBS  are  less  trustworthy  than  the  new  results  and 
are  not  considered  by  the  authors  as  entitled  to  inclusion  in  any  new 
appraisal  of  values  of  specific  heat  in  the  range  0°  to  100°  C. 


Part  3.  Heat  of  Vaporization  of  Water  in  the  Range  0°  to  100°  C 

I.  INTRODUCTION 

The  heat  of  vaporization  of  water  is  not  only  a  large  part  of  the 
enthalpy,  or  heat  content,  of  steam,  but  it  is  also  one  of  the  terms  in 
the  Clapeyron  equation  by  which  saturation  specific  volumes  are  cor¬ 
related  with  saturation  vapor  pressure.  Hence,  independent  values 
of  this  property  are  important  data  in  the  compilation  of  tables  of  the 
properties  of  steam. 

The  existing  data  from  direct  measurements  in  the  range  0°  to 
100°  C  by  different  experimenters  lacked  the  accord  desired  in  stand¬ 
ard  steam  tables.  In  the  range  0°  to  50°  C,  the  deviations  of  these 
values  from  the  international  skeleton  table  were  as  much  as  0.2 
percent.  Since  the  skeleton  table  was  based  on  appraisal  of  the  whole 
ensemble  of  available  data,  which  in  this  region  were  relatively  scanty, 
it  was  desired  to  obtain  a  more  positive  verification  by  a  systematic 
redetermination  of  the  heat  of  vaporization. 

This  was  undertaken  in  connection  with  the  redetermination  of  the 
heat  capacity  of  liquid  water  from  0°  to  100°  C,  and  in  the  construc- 
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tion  of  tlie  calorimeter,  as  described  in  part  1,  provision  was  made  for 
measurements  of  heat  of  vaporization.  Without  sacrifice  of  the  aim 
of  high  precision  in  the  heat-capacity  measurements,  it  was  possible 
to  include  features  adapting  the  apparatus  to  accurate  vaporization 
measurements  over  the  range  0°  to  100°  C. 

II.  METHOD  AND  APPARATUS 

Since  the  method  and  apparatus  have  been  described  in  part  1, 
only  a  brief  resume  is  given  here  of  the  general  scheme  of  measurement 
before  describing  the  experimental  procedure  in  detail. 

The  calorimeter,  consisting  of  a  metal  shell,  protected  from  un¬ 
measured  heat  leak  by  a  controlled  insulating  envelope,  contained  a 
sample  of  air-free  water,  both  liquid  and  vapor.  The  liquid  was 
vigorously  circulated  through  an  electric  heater  by  an  immersed 
pump. 

In  the  vaporization  experiments  the  measured  heat  was  supplied 
electrically  to  evaporate  liquid,  while  vapor  was  withdrawn  at  a  rate 
which  was  controlled  manually  to  keep  a  constant  temperature  of 
evaporation.  The  energy  added  per  unit  mass  removed  as  vapor, 
designated  as  gamma,  7,  exceeds  the  latent  heat  of  vaporization,  L, 
by  the  quantity  beta,  /3.  That  is,  according  to  the  theory  [1] 

7 =L+p 

where 

o_  rp  dP 

P~Tu  dT 

The  values  of  /3  used  in  deriving  values  of  L  from  the  observed 
values  of  7  were  calculated  from  known  values  of  the  vapor-pressure 
derivative,  dP/dT ,  and  of  u ,  the  specific  volume  of  the  liquid.  This 
reduction  term  is  very  small  at  low  pressures,  and  at  100°  C  amounts 
to  only  1/1600  of  7. 

III.  EXPERIMENTAL  PROCEDURE 

1.  ACCOUNTING  FOR  MASS,  ENERGY,  AND  CHANGE  IN  STATE  OF 

THE  WATER  SAMPLE 

The  accounting  for  the  mass,  energy,  and  change  in  state  of  the 
water  sample  in  the  vaporization  experiments  was  for  the  most  part 
the  same  as  in  the  heat-capacity  experiments.  The  few  differences 
will  be  pointed  out  briefly  here. 

The  amount  of  water  evaporated  and  collected  by  condensation 
in  an  average  experiment  was  about  20  g.  To  make  the  weighings 
with  suitable  precision,  the  glass  containers  holding  the  condensed 
water  samples  were  subjected  to  a  standard  conditioning  treatment 
before  weighing  them.  The  glass  container,  after  a  sample  of  water 
had  been  collected  as  ice  by  condensation  in  liquid  air,  was  warmed 
carefully  to  melt  the  ice  and  bring  it  slightly  above  the  temperature 
of  the  room.  The  container  was  then  wiped  dry  and  placed  in  the 
balance  case.  Air  in  the  balance  case  was  circulated  by  a  fan  for 
at  least  5  min  to  bring  the  container  to  the  balance  case  temperature 
as  well  as  to  insure  a  standard  surface  condition.  Weighings  were 
then  made  by  substitution,  estimating  to  one-tenth  of  a  milligram. 
A  substitute  or  tare  glass  container,  which  displaced  the  same  amount 
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of  air  as  the  weighing  container,  was  kept  in  the  case  and  was  weighed 
either  just  before  or  after  the  collecting  container.  This  eliminated 
errors  of  weighing  due  to  variation  in  length  of  the  balance  arm  or 
change  of  weight  of  the  counterpoise. 

In  the  vaporization  process,  larger  temperature  gradients  were 
induced  in  the  calorimeter  than  in  the  heat-capacity  experiments. 
In  order  to  diminish  these  gradients,  the  pump  speed  was  increased 
to  106  rpm  at  the  expense  of  a  larger  pump  power.  Since  the  pump 
power  was  also  less  constant  than  before,  determinations  of  it  were 
made  oftener.  Several  pump-power  determinations  were  made  on 
each  day,  the  experiments  being  arranged  so  that  pump-power 
determinations  were  made  usually  just  before  and  just  after  one  or 
two  evaporation  experiments.  By  interpolating  between  pump- 
power  determinations,  account  was  taken  of  changes  in  pump  power, 
including  that  due  to  changes  in  liquid  level.  In  all,  131  deter¬ 
minations  of  pump  power  were  made  during  the  152  evaporation 
experiments. 

Owing  to  the  greater  disturbance  of  temperature  by  the  evaporation 
process,  the  heat-leak  accounting  was  slightly  less  exact  than  in  the 
heat-capacity  measurements.  A  small  supercorrection,  depending 
on  the  location  of  the  liquid  level,  was  applied,  sometimes  amounting 
to  as  much  as  1  part  in  50,000. 

During  the  withdrawal  of  steam  from  the  calorimeter,  the  upper 
tube  was  tempered  by  the  outgoing  steam,  so  for  this  period  there 
was  no  correction  for  heat  leak  in  the  upper  tube.' 

The  initial  and  final  temperatures  of  the  water  in  the  calorimeter 
were  observed  in  the  same  manner  as  in  the  heat-capacity  experi¬ 
ments.  The  temperature  of  the  steam  leaving  the  calorimeter  was 
indicated  by  the  group  of  four  thermoelements,  JT,  representing  the 
average  temperature  of  the  upper  part  of  the  calorimeter,  and  the 
single  thermoelements,  J7,  J6,  and  J5,  representing  the  temperatures 
along  the  upper  tube. 

A  study  of  the  thermoelement  indications  and  their  correlation 
with  the  observed  values  of  heat  of  vaporization  indicated  that  the 
temperature  of  the  upper  part  of  the  calorimeter  (measured  by  JT) 
is  the  best  representation  of  the  temperature  of  the  steam  withdrawn 
from  the  calorimeter  and  likewise  of  the  temperature  of  evaporation. 

Special  details  of  the  experimental  procedure  will  next  be  described. 

2.  DESCRIPTION  OF  VAPORIZATION  EXPERIMENTS 

In  preparation  for  an  experiment,  the  calorimeter  was  charged  with 
about  800  g  of  air-free  water  in  the  manner  described  in  part  2. 
Trials  with  different  charges  showed  that  amounts  between  about 
800  and  500  g  gave  the  most  satisfactory  operating  conditions.  The 
calorimeter  temperature  was  adjusted  to  the  chosen  temperature  of 
the  experiment  by  either  electric  heating,  or  Pooling  by  the  process  of 
withdrawing  vapor.  During  this  adjustment  of  the  calorimeter 
temperature,  the  throttle  valve  was  heated  by  its  electric  heater  to 
maintain  it  warmer  than  the  calorimeter.  The  envelope  temperature 
also  was  maintained  above  the  calorimeter  temperature.  These 
precautions  opposed  condensation  of  water  in  the  upper  tube,  which 
later,  by  removal,  might  give  erroneous  accounting  for  mass  and 
energy.  Consistency  of  the  results  with  varying  rates  of  withdrawal 
showed  that  this  danger  had  been  removed. 
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The  temperatures  of  the  envelope  and  reference  block  were  next 
brought  very  slightly  above  the  calorimeter  temperature.  During 
this  period  of  adjustment,  the  circulating  pump  was  started  and  the 
space  between  the  calorimeter  and  envelope  was  evacuated  for  the 
purpose  of  insulation.  A  weighed  evacuated  glass  container,  SR, 
was  connected  to  the  vapor  line,  as  shown  in  figure  3  in  part  1.  After 
evacuation  of  the  fine,  the  glass  container  was  opened  to  the  vapor 
throttle  valve.  The  apparatus  was  then  ready  for  the  beginning  of 
an  experiment. 

The  equilibrium  temperature  of  the  calorimeter  and  contents  was 
observed.  At  the  start  of  the  heating  period,  the  current  from  the 
storage  battery  was  shifted  from  the  substitute  resistor  to  the  calo¬ 
rimeter  heater  by  the  automatic  switch  actuated  by  the  time  signals. 
Using  the  indications  of  the  four  thermoelements,  JT,  as  guides,  the 
throttle  valve  was  opened  and  steadily  adjusted  so  as  to  keep  the 
value  of  JT  practically  zero.  The  reference  block  was  kept  at  a 
constant  temperature,  as  shown  by  the  resistance  thermometer  indi¬ 
cations.  In  this  way,  the  temperature  of  the  upper  part  of  the 
calorimeter,  which  closely  followed  the  evaporation  temperature,  was 
maintained  constant  at  the  initial  reference  block  temperature  by 
withdrawing  enough  steam  to  balance  the  energy  put  into  the  calo¬ 
rimeter.  During  this  time,  the  bottom  part  of  the  calorimeter,  which 
was  in  contact  with  the  circulating  liquid,  became  warmer  than  the 
top  part  by  the  amount  of  superheating  necessary  to  conduct  the 
heat  to  the  surface  for  evaporation. 

In  order  to  evaluate  heat-leak  factors  and  the  temperature  of  the 
withdrawn  steam,  the  thermoelements  on  the  upper  tube,  lower  tube, 
calorimeter,  and  envelope  were  observed  at  1-min.  intervals.  The 
readings  of  the  resistance  thermometer  were  recorded  every  minute 
so  that  the  thermoelement  observations  could  be  referred  to  the  In¬ 
ternational  Temperature  Scale.  Occasional  surveys  of  all  thermo¬ 
elements  were  made  to  guide  proper  control  of  the  experiments.  The 
current  and  potential  drop  in  the  calorimeter  heater  were  observed  on 
alternate  minutes  starting  /  minute  after  the  power  was  switched  on. 
At  the  end  of  the  chosen  number  of  minutes,  the  calorimeter  heating 
was  stopped  and  enough  more  vapor  withdrawn  before  closing  the 
valve  to  bring  the  calorimeter  and  contents  to  final  equilibrium  tem¬ 
perature  near  the  initial  temperature.  The  final  temperature  was 
then  observed. 

In  all,  152  satisfactory  vaporization  experiments  were  made  between 
0°  and  100°  C.  For  most  of  these  experiments,  the  time  of  evapora¬ 
tion  was  about  20  min.,  and  the  total  time  of  the  experiment  about  30 
min.  Of  these,  64  experiments  were  made  at  an  evaporation  rate  of 
about  1  g/min.  In  tests  to  detect  any  significant  change  of  the 
result  with  the  rate  of  withdrawal,  a  number  of  the  other  experiments 
were  made  at  various  rates  ranging  from  0;25  to  2.22  g/min.  The 
purpose  of  these  tests  was  to  ascertain  whether  there  was  any  ap¬ 
preciable  amount  of  liquid  in  the  steam  withdrawn.  Examination 
of  the  results  revealed  no  definite  evidence  of  such  an  effect. 

IV.  RESULTS  OF  VAPORIZATION  EXPERIMENTS 

The  data  and  computations  for  the  vaporization  experiments  were 
so  similar  to  those  described  in  part  2  for  the  heat-capacity  experiments 
that  sample  sheets  need  not  be  given.  The  principal  data  from  the 
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vaporization  experiments,  as  reduced  to  give  values  of  gamma,  7,  are 
given  in  table  12.  In  addition  to  the  data  taken  in  the  heat-capacity 
experiments,  both  thermometer  readings  and  the  thermoelement,  JT, 
readings  were  observed  every  minute  during  the  evaporation  period. 
The  combination  of  the  readings  permitted  the  calculation  throughout 
the  experiment  of  the  temperature  of  the  top  part  of  the  calorimeter, 
which  was  found  to  represent  closely  the  temperature  of  evaporation. 

The  computations  of  temperature  and  electric  energy  were  made  in 
the  same  manner  as  in  the  heat-capacity  computations.  In  comput¬ 
ing  the  total  energy,  the  corrections  were  made  as  shown  previously, 
except  that  in  the  case  of  the  upper  tube  the  heat  leak  was  considered 
as  zero  during  the  outflow  of  steam.  A  correction  was  always  necessary 
to  account  for  the  energy  involved  in  the  difference  of  the  final  tem¬ 
perature  of  the  calorimeter  and  contents  from  the  initial  temperature. 
This  correction  was  usually  for  temperature  changes  of  less  than  0.01°C, 
and  was  calculated,  using  the  data  from  the  heat-capacity  experiments. 
Values  are  given  in  table  12  as  “corrections  for  change  of  temperature.” 

Dividing  the  total  energy  thus  obtained  by  the  mass  of  water 
withdrawn  gives  a  value  of  gamma,  7,  at  the  effective  evaporation 
temperature.  This  temperature  was  usually  within  0.03°  C  of  the 
even  temperature,  making  the  correction  applied  to  the  energy  for 
the  difference  usually  less  than  1  part  in  30,000. 

The  mean  values  of  7  at  the  even  temperatures  were  then  found, 
weighting  the  separate  determinations  in  proportion  to  the  rates  of 
evaporation.  These  weighted  means  and  the  deviations  of  the 
measured  values  from  them  are  given  in  table  12.  Study  of  the  devi¬ 
ations  justifies  this  mode  of  weighting  for  the  rates  used.  The 
results  were  then  ready  for  final  formulation  for  use  in  computing  heat 
of  vaporization. 

Table  12.- — Principal  data  from  vaporization  experiments 


Date 

Evapo¬ 

ration 

temper¬ 

ature 

Approxi¬ 

mate 

rate 

Mass  of 
vapor 
removed 

Heat 

leak 

Pump 

energy 

Correc¬ 
tion  for 
change 
in 

temper¬ 

ature 

Entire 

energy 

added 

7 

at  even 
temper¬ 
ature 

Devia¬ 

tion 

from 

weighted 

mean 

5-5-38.. _  . 

°C 

0. 13 

g/min 

0.  63 

a 

12.  6135 

Int.  j 
-1.9 

Int.  j 
33.3 

Int.  j 
-12.7 

Int.  j 
31,539.0 
31,542.  1 

Int.  j/g 
2500.  73 

Int.  j/g 
0.01 

5-5-38.. . . 

.  15 

.63 

12. 6135 

-2.3 

31.8 

-7.0 

2501. 01 

.29 

5-5-38 _ 

.  15 

.63 

12.  6076 

-1.9 

32.4 

-33.0 

31,522.9 

2500.  67 

-.06 

5-5-38 _ 

.  16 

.63 

12. 6365 

-3.9 

32.9 

44.  5 

31,  592.  6 
31,  544.  6 

2500.  49 

-.23 

5-5-38 _ 

.  14 

.63 

12.  6160 

-2.0 

33.5 

-5.2 

2500. 69 

-.03 

Even  temperature  0.0°  C.  Weighted  mean  value  of  7o.o=2500.72  int.  j/g. 


3-14-38 _ 

1. 12 

0.  28 

5.  5299 

-1.9 

20.6 

19.7 

13, 810. 9 

2497.  78 

-0. 14 

3-14-38 _ 

1. 12 

.65 

12. 9825 

-3.6 

21.3 

1.4 

32,419.9 

2497.  48 

-.44 

3-15-38 _ 

1.09 

.70 

14.  0974 

-2.3 

32.2 

-2.4 

35,  212.  4 

2498. 00 

.08 

3-15-38 _ 

1. 11 

.70 

14.  0984 

-3.5 

23.6 

4.7 

35,  209.  4 

2497. 66 

-.26 

3-30-38 . 

1.03 

.70 

14.  0606 

-2.0 

27.0 

17.9 

35, 118.8 

2497.  74 

-.18 

3-30-38 . . . 

1.02 

.70 

14. 0586 

-2.2 

26.  1 

22.6 

35, 115.  0 

2497.  81 

-.  11 

3-30-38 _ 

1.03 

.25 

4.  9895 

-.2 

25.5 

-18.5 

12,  464.  2 

2498. 15 

.23 

3-30-38 _ 

1.03 

.25 

5.  0009 

-.2 

24.4 

-2.5 

12,  488. 1 

2497.  24 

-.68 

3-30-38 _ 

1.02 

.25 

5. 0032 

-.2 

25.  3 

7.2 

12,  495.  7 

2497.  59 

-.33 

3-30-38 _ 

1.03 

.25 

4.9988 

-.5 

25.7 

-2.7 

12,484.0 

2497.  47 

-.45 

5-4-38 _ 

0.  99 

.70 

14.  0962 

-1.4 

25.5 

9.2 

35,  215.  8 

2498.  23 

.31 

5-4-38 _ 

1.00 

.71 

14. 1013 

-1.5 

26. 1 

9.9 

35,  228.  3 

2498.  23 

.31 

5-4-38 _ 

1.00 

.70 

14.  0920 

-1.4 

28.3 

-12.8 

35,  205. 0 

2498.  23 

.31 

5-4-38 _ 

1.00 

.71 

14. 1014 

-1.4 

27.  1 

1.2 

35,  227.  7 

2498. 18 

.26 

5-4-38 _ 

1.00 

.71 

14. 1054 

-1.3 

27.6 

6.8 

35,  236.  7 

2498. 10 

.18 

Even  temperature  1.0°  C.  Weighted  mean  value  of  7i_o=2497.92  int.  j/g. 
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Table  12. — Principal  data  from  vaporization  experiments — Continued 


Date 

Evapo¬ 

ration 

temper¬ 

ature 

Approxi¬ 

mate 

rate 

Mass  of 
vapor 
removed 

Heat 

leak 

Pump 

energy 

Correc¬ 
tion  for 
change 
in 

temper¬ 

ature 

Entire 

energy 

added 

7 

at  even 
temper¬ 
ature 

Devia¬ 

tion 

from 

weighted 

mean 

°C 

glmin 

a 

Int.  j 

Int.  j 

Int.  j 

Int.  j 

Int.  jt g 

Int.  j/g 

3-31-38 _ 

5. 00 

0.91 

18. 1421 

-2.6 

28.7 

26.7 

45, 142. 0 

2488. 24 

-0. 10 

3-31-38 _ 

5.00 

.91 

18. 1191 

-3.9 

29.2 

-11.8 

45, 089. 1 

2488.  48 

.  14 

3-31-38 _ 

5.01 

.25 

5.0913 

-.8 

29.6 

-3.4 

12,  669.  4 

2488. 46 

.  12 

3-31-38.. . 

5. 02 

.25 

5.  0952 

-.9 

29.5 

-13.3 

12,  677.  7 

2488.  22 

-.  12 

3-31-38 _ 

5.  02 

.25 

5.  0972 

-1. 1 

29.3 

-5.8 

12,  683.  7 

2488.  32 

-.02 

5-3-38 . . 

5.00 

.92 

18.  3058 

-8.7 

24.4 

-12.4 

45,  553. 6 

2488.  48 

.  14 

5-3-38. . . 

5.  00 

.92 

18. 3167 

-5.5 

23.0 

-15.1 

45,  579.  2 

2488.39 

.05 

5-3-38 . . 

5.00 

.92 

18.  3298 

-4.5 

23.  1 

3.2 

45,  609.  4 

2488.  27 

-.07 

5-3-38 _ 

5.00 

.92 

18.  3372 

-4.0 

23.  1 

4.7 

45,  627.  5 

2488.25 

-.09 

5-3-38 _ 

5.01 

.92 

18.  3425 

-2.7 

23.2 

-1.9 

45,  639.  9 

2488.  22 

-.  12 

5-3-38 . . 

5.01 

.92 

18.  3463 

-2.2 

23.3 

2.3 

45,  651.5 

2488.  35 

.01 

Even  temperature  5 

°  C.  Weighted  mean  value 

of  75=2488.34  int.  j/g. 

3-22-38 _ 

10.  04 

0.  56 

11.2389 

-5.6 

27.3 

-7.0 

27,  836.  6 

2476.  90 

0.  17 

3-22-38 _ 

10.  05 

.26 

5. 1646 

-2.  4 

28.4 

-8.8 

12,  788.  6 

2476. 32 

-.41 

3-22-38 . . 

10.07 

1.05 

20.  9428 

-9.8 

30.4 

-12.  1 

51,  862.  3 

2476.  54 

-.  19 

4-1-38 _ 

9.97 

1.03 

10.  3408 

-2.9 

19.4 

-9.9 

25, 609.  1 

2476.  44 

-.29 

4-1-38 _ 

9.99 

0.  26 

5. 1040 

-0.9 

30.0 

-2.6 

12,  640.  0 

2476.  47 

-.26 

4-1-38 _ 

9.99 

.26 

5. 1106 

-.8 

31.0 

-0.7 

12,  659.  3 

2477. 05 

.32 

4-1-38 _ 

10.01 

.26 

5. 1326 

-.9 

31.5 

7.4 

12,  711.  9 

2476.  74 

.01 

4-1-38 _ 

10.01 

.26 

5. 1070 

-.8 

31.5 

-13.8 

12,  647.  6 

2476.  54 

-.  19 

4-1-38 _ 

10.01 

.26 

5. 1057 

-.9 

31.5 

-16.6 

12,  643.  2 

2476.  31 

-.42 

4-25-38 _ 

10.00 

1.03 

20.  5761 

-6.7 

24.5 

27.5 

50,  971.4 

2477.  21 

.48 

4-25-38 _ 

10.01 

1.03 

20.  5738 

-6.3 

21.9 

-25.6 

50, 953.  8 

2476.  65 

-.08 

4-25-38 _ 

10.  02 

0.  57 

11.3193 

-2.  4 

26.0 

-1.0 

28, 019.  9 

2477. 14 

.41 

4-25-38 _ 

10.02 

.57 

11.  3326 

-2. 1 

27.3 

8.4 

28, 037.  4 

2477.  00 

.27 

4-25-38 _ 

10.03 

.57 

18.  5282 

-4.0 

28.2 

8.4 

28, 065.  2 

2476.  55 

-.18 

Even  temperature  10°  C.  Weighted  mean  value  of  -no=2476.  73  int.  J/g. 


3-28-38 _ 

15.04 

1.04 

20.  8145 

-13.2 

27.4 

5.6 

51,  306.  7 

2465.  04 

0.  23 

3-28-38 _ 

15.04 

1.04 

20.  7958 

-10.4 

27.3 

-7.4 

51,  255.  2 

2464.  78 

-.03 

3-28-38 _ 

15.  06 

0.  26 

5. 1292 

-2.3 

27.9 

-3.9 

12,642. 1 

2464.  87 

.06 

3-28-38 _ 

15. 06 

.26 

5. 1420 

-2.5 

30.4 

5.9 

12,  674. 7 

2465. 08 

.27 

3-28-38 _ 

15.  06 

.26 

5. 1417 

-2.6 

28.9 

-0  2 

12,  671.  8 

2464.  66 

-.  15 

3-28-38 _ 

15.  06 

.26 

5. 1421 

-2.6 

29.3 

-3.7 

12,  669.  3 

2463.  98 

-.83 

Even  temperature  15°  C.  Weighted  mean  value  of  Vu=2464.81  int.  j/g. 


3-21-38 _ 

20.  05 

0.  57 

11.  3473 

-6.9 

28.7 

-12.4 

27,  841.  8 

2453.  73 

0.  37 

3-21-38 _ 

20.  06 

.57 

11.3539 

-6.4 

28.3 

2.3 

27,  860. 8 

2453.99 

.63 

3-21-38 _ 

20.08 

.26 

5.2151 

-2.0 

27.7 

-10.8 

12,  797.  3 

2454.  08 

.72 

3-21-38 _ 

20.  10 

1.06 

16.  9431 

-9.8 

23.0 

1.9 

41,  561.  4 

2453.  24 

-.  12 

4-26-38 _ 

19.  98 

1.03 

20.  6986 

-6.5 

25.2 

-20.2 

50,  779.  4 

2453.  22 

-.  14 

4-26-38 _ 

19.  99 

1.03 

20.  6905 

-6.8 

27.5 

-20.  1 

50,  758. 2 

2453. 19 

-.  17 

4-26-38 _ 

20.01 

0.  57 

11.3518 

-3.0 

26. 1 

-4.8 

27,  849.  1 

2453.  30 

-.06 

4-26-38 _ 

20.  02 

.57 

11.3453 

-3.1 

26.3 

-22.2 

27,  835.  7 

2453.  55 

.  19 

4-26-38 _ 

20.  02 

.  57 

11.3570 

-3.2 

26.5 

1.  4 

27,  856.  5 

2452.  85 

-.51 

4-26-38 _ 

20.  03 

.57 

11.3506 

-3.3 

27.7 

2.0 

27,  845.  5 

2453. 15 

-.21 

Even  temperature  20°  C.  Weighted  mean  value  of  720=2453.30  int.  j/g. 


3-25-38 _ 

25.01 

1.06 

21. 1489 

-8.8 

26.3 

1.3 

51, 627.  7 

2441. 17 

-0.  14 

3-25-38 _ 

25.01 

1.06 

21. 1399 

-7.8 

26.2 

—.5 

51,610.4 

2441.  39 

.08 

3-25-38 _ 

25.  01 

.26 

5.  2053 

-1.6 

26. 1 

-11.9 

12,  706.  7 

2441. 13 

-.  18 

3-25-38 _ 

25. 03 

.26 

5.  2216 

-2.0 

26.8 

5.2 

12,  744.  0 

2440. 70 

-.61 

3-25-38 _ 

25.  03 

.26 

5.  2151 

-1.9 

25.5 

-11.4 

12,  726. 1 

2440.  31 

-1.00 

4-4-38 _ 

24.99 

.29 

5.  7987 

-1.3 

23.7 

-44.6 

14,160.0 

2441.  91 

.60 

4-4-38 _ _ 

24.99 

.57 

11.4234 

-3.9 

24.7 

-18.9 

27, 893.  9 

2441.  80 

.49 

4-1-38 _ 

25. 00 

1.05 

21.  1590 

-5.2 

28.0 

-19.9 

51,  652.  3 

2441.  21 

-.  10 

4-4-38.... . 

25.01 

1.05 

20.  9658 

-4.6 

15.6 

28.6 

51, 188.  2 

2441. 53 

.22 

4-8-38 _ 

24.  98 

1.05 

21.  2868 

-13.6 

24.5 

23.2 

51, 952.  6 

2440.  55 

-.76 

4-8-38 _ _ 

24.  98 

2.  08 

41.5416 

-21.0 

26.6 

-40.3 

101,426.3 

2441.51 

.20 

4-8-38.... . . 

25.01 

.29 

5.  7624 

-2.3 

25.7 

-12.0 

14,071.6 

2441.99 

.68 

4-8-38 _ 

25.01 

.57 

11.3594 

-0.3 

23.  5 

.3 

27,  735.  8 

2441.  68 

.37 

Even  temperature  25°  C.  Weighted  mean  value  of  725=2441.31  int.  j/g. 


332/252 


ZnineJsSlimson']  Specific  and  Latent  Heat  of  Water,  0°  to  100°  C 


Table  12. — Principal  data  from  vaporization  experiments — Continued 


Date 

Evapo¬ 

ration 

temper¬ 

ature 

Approxi¬ 

mate 

rate 

Mass  of 
vapor 
removed 

Heat 

leak 

Pump 

energy 

Correc¬ 
tion  for 
change 
in 

temper¬ 

ature 

Entire 

energy 

added 

7 

at  even 
temper¬ 
ature 

Devia¬ 

tion 

from 

weighted 

mean 

°C 

g/min 

0 

Int.  j 

Int.  j 

Int.  j 

Int.  j 

Int.  j/g 

Int.  j/g 

3-19-38 _ 

30.  02 

0.  57 

11.4735 

-6.4 

25.  1 

-17.8 

27.  880.  5 

2430. 04 

0.61 

3-19-38 . . 

30.03 

.57 

11.4791 

-6.G 

25.8 

-7.4 

27,  893.  3 

2429. 99 

.  56 

4-12-38 _ 

30. 03 

2. 15 

42. 9434 

-11.9 

25.9 

-11.  5 

104,  302.  5 

2428.  91 

52 

4-12-38 _ 

30.  04 

2. 15 

42.  9255 

-12.0 

23.9 

-31.3 

104,  266.  4 

2429.  12 

-.31 

4-13-38 _ 

30.  00 

.29 

5.  8389 

-2.4 

26.9 

-5.0 

14, 185.  1 

2429.  41 

-.02 

4-13-38. . 

30.01 

.29 

5.  8419 

-2.  5 

26.9 

5.2 

14, 194.9 

2429. 86 

.43 

4-13-38 _ 

30.  01 

.58 

11.5218 

-5.7 

26.9 

1. 1 

27, 990.  2 

2429.  34 

-.09 

4-13-38 _ 

30.01 

.58 

11.5076 

-5. 1 

27.0 

-11.2 

27,  959.  8 

2429.  70 

.27 

4-13-38 _ 

30.01 

1.07 

21.4137 

-10.7 

27.  7 

-1.3 

52, 032.  2 

2429.  88 

.45 

4-13-38 . . 

30.01 

1.07 

21.4173 

-10.4 

29.3 

.2 

52, 037.  6 

2429.  72 

.29 

4-13-38.. . . 

30.01 

1.07 

21.4198 

-10.1 

30.7 

3.6 

52, 041.  0 

2429.  57 

.  14 

Even  temperature  30°  C.  Weighted  mean  value  of  730=2429.43  int.  j/g. 


3-18-38 _ 

40.  03 

0.58 

11.6219 

-6.2 

24.3 

9.3 

27,  962.  7 

2406. 10 

0.  23 

3-18-38 _ 

40.  04 

.58 

11.6027 

-5.9 

25.  5 

-5.7 

27,  918.  9 

2406.  34 

.47 

3-18-38 _ 

40.  05 

1.08 

21. 6436 

-13.9 

26. 1 

25.  7 

52,  067.  5 

2405.  82 

-.05 

3-18-38 _ 

40.  05 

.27 

10.  6672 

-5.9 

44. 1 

-2.5 

25,  664.  4 

2406. 04 

.  17 

4-18-38 _ 

40. 02 

.29 

5. 8071 

-3.6 

24.7 

-3.7 

13,971.8 

2406.  04 

.  17 

4-18-38 _ 

40.  02 

.29 

5.  8067 

-3.4 

29.  1 

-9.8 

13,  968.  9 

2405. 70 

-.  17 

4-18-38 _ 

40.02 

.58 

11.  5896 

-7.6 

25. 1 

8.5 

27,  883.  7 

2405.  97 

.  10 

4-18-38 _ 

40.  02 

1.10 

22.  0565 

-14.6 

25.5 

1.3 

53,  065. 9 

2405.  96 

.09 

4-18-38 _ 

40.  03 

2.10 

42. 0339 

-26.8 

26.8 

5.8 

101,117.2 

2405.  68 

-.19 

4-18-38 _ 

40. 03 

2. 10 

42. 0039 

-24.3 

29.1 

—0.2 

101, 049. 1 

2405. 78 

-.09 

Even  temperature  40°  C.  Weighted  mean  value  of  740=2405.87  int.  j/g. 


3-17-38 _ 

50.  03 

0.  58 

11.7417 

-9.1 

21.2 

-4.2 

27,  971.  7 

2382. 32 

0.  48 

3-17-38 _ 

50.  04 

.58 

11.7431 

-8.7 

23.4 

0.3 

27,  975.  5 

2382.  39 

.55 

3-17-38 _ 

50. 05 

.30 

5.  9655 

-2.9 

25.0 

—26.5 

14,  211.8 

2382.  45 

.61 

4-15-38 _ 

50. 03 

2. 13 

42.  6496 

-16.8 

18.9 

-25.6 

101,  565.  8 

2381.  47 

-.37 

4-15-38 _ 

50.  04 

0.  30 

6. 0205 

-2.0 

18.6 

8.6 

14,  336.  3 

2381.  35 

-.49 

4-15-38 _ 

50.  04 

.30 

6.0117 

-2.3 

20.0 

-16.8 

14,  318.  2 

2381. 82 

-.02 

4-15-38 _ 

50.  04 

.58 

11.7121 

-4.8 

20.9 

-1.9 

27,  894. 8 

2381. 81 

-.03 

4-1.5-38 _ 

50.04 

.58 

11.7095 

-4.8 

21.4 

-7.5 

27, 885. 6 

2381.  55 

-.29 

4-15-38.... . 

50.  05 

1.09 

21.8394 

-7.4 

22.8 

-31.8 

52,  017.  0 

2381.  92 

.08 

5-25-38 _ 

49.  99 

1.08 

21.  5345 

-4.4 

27.3 

17.8 

51,  292.  4 

2381.  85 

.01 

5-25-38 _ 

49.  99 

1.08 

21.  5660 

-5.4 

28.8 

17.4 

51.372.4 

2382.  08 

.24 

Even  temperature  50°  C.  Weighted  mean  value  of  760  =  2381.84  int.  j/g. 


5-13-38 _ 

59.99 

1. 12 

22.  4288 

-22.0 

25.5 

-10.7 

52,891.7 

2358. 18 

0.53 

5-13-38 _ 

59.  99 

1. 12 

22.  4230 

-19.5 

24.  7 

-21.0 

52,  870.  3 

2357. 84 

.  19 

5-13-38 _ 

60.01 

2.20 

44.  0762 

-29.6 

29.9 

-9.7 

103,  905.  8 

2357. 43 

-.22 

5-13-38 _ 

60.00 

2.20 

44.  0688 

-24.2 

27.3 

14.0 

103,  889.  5 

2357. 44 

-.21 

5-13-38 _ 

60.01 

1. 12 

22.  4740 

-10.  7 

32.4 

-7.7 

52, 983.  3 

2357.  56 

-.09 

5-13-38 _ 

60.  02 

1.12 

17.  9796 

-8.4 

25.7 

-2. 1 

42,  392.  7 

2357.  87 

.22 

5-25-38 _ 

60.01 

1.09 

21.  7726 

-8.9 

26.5 

-10.6 

51,333.5 

2357. 73 

.08 

5-25-38 _ 

60.01 

1.09 

21.  7708 

-8.4 

26.7 

75.  7 

51,  325.  9 

2357. 58 

-.07 

Even  temperature  60°  C.  Weighted  mean  value  of  780=2357.65  int.  j/g. 


5-9-38.... . 

70.01 

2. 18 

21. 7659 

-14.3 

16.7 

-46.9 

50,  787.  9 

2333.  39 

0.  14 

5-9-38 _ 

70.  02 

1.  12 

22.  4433 

-19.  1 

25.7 

34.5 

52, 366.  3 

2333.  32 

.07 

5-9-38 _ 

70.  02 

1.  12 

22.  4376 

-18.0 

22.5 

-8.  5 

52,  352.  2 

2333.  29 

.04 

5-9-38 _ 

70.01 

1.  12 

22. 4550 

-17.7 

22.5 

21.7 

52,  386.  9 

2332.  99 

-.26 

5-9-38 _ 

70.  02 

1.  12 

22.  4530 

-14.  7 

23.3  ' 

1.9 

52,  381.  7 

2333. 00 

-.25 

5-9-38 _ 

70.  02 

1. 12 

22.  4598 

-13.3 

25.2 

23.7 

52, 406. 1 

2333.  38 

.13 

Even  temperature  70°  C.  Weighted  mean  value  of  770=2333.25  int.  j/g. 


5-24-38 _ 

80.06 

1. 10 

11.  0280 

-4.3 

19.8 

-28.7 

25, 456. 1 

2308.  47 

-0.04 

5-24-38 _ 

80.  08 

1. 10 

22. 0315 

-15.3 

25.5 

-17.6 

50,  856.  3 

2308. 54 

.03 

5-24-38 _ 

80.08 

1. 11 

22.  2351 

-15.6 

29.9 

-0.1 

51,329.2 

2308.  68 

.  17 

5-24-38 _ 

80.  09 

1. 11 

22.  2461 

-12.3 

28.8 

9.9 

51,  349.  2 

2308.  45 

-.06 

5-24-38 _ 

80. 08 

1. 11 

23.  4033 

-11.2 

28.9 

69.8 

54,019.6 

2308.  40 

-.11 

5-26-38.  . . 

80.00 

1. 10 

22.0608 

-12.3 

38.3 

-4.0 

50, 932.  6 

2308.  74 

.23 

5-26-38 _ 

80.00 

1.  10 

22. 0742 

-12.2 

39.  1 

20.6 

50,  959. 5 

2308. 55 

.04 

5-26-38 _ 

80.01 

0.63 

12.  5791 

-5.8 

39.  1 

8.2 

29, 040. 1 

2308.  62 

.11 

5-26-38 _ 

80.01 

.63 

12.  5686 

-6.2 

38.7 

-10. 1 

29,014.5 

2308.  51 

.00 

5-26-38.-. . . 

80.03 

.63 

12.  5666 

-6.5 

38.2 

2.4 

29, 007. 1 

2308.  34 

-.17 

5-26-38--.. . 

80.03 

.63 

12.  5659 

-6.5 

38.0 

5.0 

29,002.5 

2308. 10 

-.41 

Even  temperature  80°  C.  Weighted  mean  value  of  780  =  2308.51  int.  j/g. 
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Table  12. — Principal  data  from  vaporization  experiments — Continued 


Date 

Evapo¬ 

ration 

temper¬ 

ature 

Approxi¬ 

mate 

rate 

Mass  of 
vapor 
removed 

Heat 

leak 

Pump 

energy 

Correc¬ 
tion  for 
change 
in 

temper¬ 

ature 

Entire 

energy 

added 

7 

at  even 
temper¬ 
ature 

Devia¬ 

tion 

from 

weighted 

mean 

°C 

g\min 

g 

Int.  j 

Int.  j 

Int.  j 

Int..] 

Int.  j/g 

Int.  j/g 

5-10-38 _ 

90. 01 

2.  22 

22. 1958 

-9.4 

18.4 

-2.8 

50, 683. 1 

2283. 48 

0.07 

5-10-38 _ 

90.01 

2.  22 

44.  3722 

-22.9 

31.8 

8.7 

101,321.2 

2283. 47 

.06 

5-10-38 _ 

90.01 

1.  16 

23.  2875 

-13.9 

36. 1 

-8.9 

53, 171.6 

2283. 30 

-.  11 

5-10-38 _ 

90.01 

1.  17 

23.3241 

-12.0 

38.9 

3.9 

53,  255. 2 

2283.  30 

-.11 

Even  temperature  90°  C.  Weighted  mean  value  of  790=2283.41  int.  j/g. 


5-11-38 _ 

99.99 

1.  18 

23.  5914 

-13.7 

33.9 

4.3 

53,  261.  8 

2257.  65 

0.33 

5-11-38 _ 

100. 00 

1.  18 

23.  5977 

-13.7 

31.8 

3.4 

53,  272. 1 

2257.  51 

.  19 

5-11-38. . . 

100.01 

0.  63 

12.  5763 

-7.8 

31.8 

-7.0 

28, 392.  8 

2257.  66 

.34 

5-11-38. . . 

100.01 

.63 

12.  5796 

-8.0 

30.9 

-4.2 

28, 396. 0 

2257.  33 

.01 

5-11-38 . . 

100.01 

.63 

12.  5795 

-8. 1 

31.  1 

-6.  7 

28,  393.  3 

2257. 13 

-.  19 

6-1-38 _ 

99.  99 

1.  13 

22.  5785 

-25.6 

24.9 

53.0 

50, 964.  4 

2257. 18 

-.  14 

6-1-38 _ 

99. 99 

1.  13 

22.  5522 

-24.8 

21.5 

-6.5 

50, 900. 1 

2256.  96 

-.36 

6-1-38 _ 

99. 99 

1. 13 

22. 5650 

-18.4 

21.4 

17.4 

50,  932.  4 

2257. 11 

-.21 

6-1-38 _ 

99.  99 

1.  13 

22.  5745 

-14.3 

18.9 

19.3 

50,  946. 0 

2256. 76 

-.56 

6-2-38 . 

100. 00 

1.  12 

22.  4874 

-14.3 

28.0 

-12.2 

50,  766.  3 

2257.  54 

.22 

6-2-38 _ 

100.01 

1. 12 

22.  4909 

-13.8 

24.6 

3.2 

50,  778. 9 

2257.  78 

.46 

6-2-38 _ 

100.01 

1.  12 

22.  4899 

-12.6 

24. 1 

-2.6 

50,  764. 6 

2257.  25 

-.07 

6-2-38 _ 

100.01 

1.  12 

22.  4959 

-11.7 

23.6 

3.3 

50,  776. 8 

2257. 19 

-.  13 

6-3-38 _ 

100.01 

1.  13 

22.  5822 

-11.2 

29.2 

29.0 

50,  977. 9 

2257.  47 

.  15 

6-3-38 _ 

100.01 

1.  13 

22.  5659 

-10.9 

29.9 

1.2 

50,  939.  2 

2257.  38 

.06 

6-3-38. . . 

100.  02 

1.  13 

22.  5644 

-10.2 

30.2 

3. 1 

50,  931.  4 

2257.  21 

-.11 

6-3-38. . . 

100.  02 

1.  13 

22.  5616 

-10.8 

30.3 

9.4 

50,  927.  8 

2257. 33 

.01 

Even  temperature  100°  C.  Weighted  mean  value  of  7ioo=2257.32  int.  j/g. 


In  addition  to  tlie  measurements  described  here,  there  was  a  series 
of  results  of  similar  measurements  made  in  this  laboratory  (1930-32) 

[2,  29]  with  an  earlier  stirred  calorimeter  and  extending  from  50°  to 
270°  C;  also  another  series  (1937)  [3]  extending  from  100°  to  374°  C, 
made  with  a  later  unstirred  calorimeter. 

Although  these  older  measurements  lacked  some  of  the  refinements 
of  the  present  series,  the  fact  that  they  were  obtained  with  two 
calorimeters  of  different  design  from  the  present  calorimeter  and 
covered  a  much  greater  range  of  temperature,  entitles  them  to  inclu¬ 
sion  in  the  scheme  of  formulation.  In  the  range  where  they  overlap 
or  duplicate  present  measurements,  the  degree  of  accord  furnishes  a 
measure  of  the  corroboration,  while  the  greater  range  of  the  older  data 
contributes  greater  directive  control  to  a  formulation  than  would 
result  from  the  more  accurate  present  results.  A  formulation  was 
sought  which  comprised  a  smoothed  appraisal  of  the  experimental 
evidence  over  considerable  range,  and  an  empirical  equation  for  y 
was  derived  which  satisfactorily  does  this  over  the  range  0°  to  200°  C. 

After  appraising  the  reliability  of  the  various  measurements,  it  was 
decided  to  weight  them  according  to  the  number  of  observations  and 
to  give  the  observations  of  1930-32  and  those  of  1937,  respectively, 
one-fourth  and  one-half  the  weight  of  the  observations  of  the  present 
series. 

The  empirical  equation  for  y,  as  finally  adjusted  to  these  weighted 
data  by  the  least-squares  method,  is  written 

7=2500.5-2.3233 1—  10z, 

where  a  +5.1463— 1,540/ T,  t  is  in  degrees  centigrade,  T  is  in  degrees 
Kelvin  (t-j-273.16),  and  y  is  in  international  joules  per  gram.  This 
equation  represents  not  only  the  present  values  of  y  between  0°  and 

i 
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100°  C  but  also  the  earlier  values  between  50°  and  200°  C  from 
previous  reports.  The  degree  of  accord  between  the  observed  and 
calculated  values  is  shown  graphically  in  figure  8. 

Between  170°  and  200°  C  the  ecjuation  gives  values  which  are  prac¬ 
tically  identical  with  the  formulation  of  1937,  and  therefore  these 
values  merge  smoothly  in  this  region.  From  0°  to  200°  the  new 
formulation  supersedes  the  previous  one,  and  together  they  complete 
the  determination  of  y  over  the  entire  range  from  the  ice  point  to  the 
critical  region. 

Values  of  the  latent  heat  of  vaporization,  L,  are  calculated  from  y 
by  applying  the  corresponding  values  of  fi,  which  are  computed  as 
described  in  part  2  of  this  report.  Table  13  includes  the  experimental 
mean  values  of  y  which  were  used  in  the  formulation,  corresponding 
values  of  /3,  and  calculated  values  of  y  and  L. 

Values  of  the  specific  volume  of  the  saturated  vapor,  u',  were  cal¬ 
culated  from  y  by  the  relation 

y =u'TdP/dT. 

The  values  of  the  Clapeyron  factor,  TdP/dT,  were  calculated  from 
vapor-pressure  derivatives,  as  described  in  part  2. 
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V.  COMPARISONS  WITH  EARLIER  WORK 

A  review  of  determinations  of  heats  of  vaporization  of  water  previ¬ 
ous  to  1930  has  already  been  made  by  Fiock  [24].  No  further  attempt 
will  be  made  here  to  review  critically  those  determinations.  How¬ 
ever,  since  some  of  the  results  of  earlier  experiments  are  expressed  in 
terms  of  the  heat  capacity  of  water,  it  is  necessary  to  use  heat-capacity 
data  to  convert  those  results  to  electric-energy  units.  In  the  review 
by  Fiock  these  conversion  data  were  obtained  from  the  1930  measure¬ 
ments  at  the  NBS.  The  measurements  given  in  part  2  of  this  report 
supply  more  accurate  conversion  data  which  will  be  used,  where 
necessary,  to  interpret  early  results.  The  determinations  of  heats  of 
vaporization  will  be  briefly  mentioned. 

Dieterici 

Dieterici  [30]  used  a  Bunsen  ice  calorimeter  to  measure  the  heat  of 
vaporization  at  0°  C.  In  interpreting  his  results,  uncertainty  in  units 
is  avoided  by  using  his  own  calibration  of  his  ice  calorimeter  in  terms 
of  the  mean  calorie.  By  using  the  NBS  value  of  the  mean  calorie 
along  the  saturated  path  (4.1903  int.  j/g-°C)  Dieterici’s  value  of  the 
heat  of  vaporization  at  0°  C  becomes  2492.2  int.  j/g. 

Griffiths 

Griffiths  [31]  measured  the  heats  of  vaporization  at  30°  and  40°  C. 
The  greatest  uncertainty  in  the  reduction  of  his  data  is  in  the  evalua¬ 
tion  of  his  electrical  units.  On  the  assumption  that  the  electromotive 
force  of  his  Clark  cell  was  1.4328  int.  v  instead  of  the  1.4342  that  he 
used,  his  values  are 


L3 o°  =  2425.2  int.  j/g 

Henning 


Lio°— 2400.0  int.  j/g 


Henning  [32]  made  measurements  in  1906  on  the  heat  of  vaporiza¬ 
tion  between  30°  and  100°  C.  His  summary  in  1919  gives  values  of 
his  formulated  results  below  100°  C,  as  follows: 


L3o°  =  2426.0  int.  j/g. 
L40o= 2403.8  int.  j/g. 
L50°  =  2380.8  int.  j/g. 
L60°  =  2357.4  int.  j/g. 


Z/7o°= 2333.1  int.  j/g. 
L8o°  =  2308.0  int.  j/g. 
L90°  =  2282.5  int.  j/g. 
Lioo°  =  2255.7  int.  j/g. 


A.  W.  Smith 

Smith  [33]  made  determinations  between  14°  and  100°  C  by  evapo¬ 
rating  water  into  a  stream  of  air.  Correction  is  made  to  the  1907  data 
for  the  revised  Clark  cell  voltage.  The  values  from  Smith’s  experi¬ 
ments  are  as  follows: 

Lu°  =  2463.5  int.  j/g.  L40°  =  2401.4  int.  j/g. 

L21°  =  2447.6  int.  j/g.  L100° -2261.6  int.  j/g. 

L28°  =  2431.1  int.  j/g. 

Richards  and  Mathews 

Richards  and  Mathews,  and  Mathews  [34]  measured  the  heat  of 
vaporization  at  100°  C  by  a  condensation  method.  After  correction 
of  the  1911  series,  as  later  suggested  by  Mathews,  the  1911  and  1917 
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series  yield  essentially  the  same  result.  Using  the  1939  NBS  heat- 
capacity  data,  their  average  value  for  the  heat  of  vaporization  at 
100°  C  is  2257.3  int.  j/g. 


Carlton-Sutton 

Carlton-Sutton  [35]  used  a  modification  of  Joly’s  classical  apparatus 
to  measure  the  heat  of  condensation  of  water  directly  in  terms  of  the 
mean  calorie  without  any  reference  to  electrical  standards.  His  final 
value  of  538.88  mean  cal,  when  interpreted  by  the  NBS-39  value  for 


Figure  8. — Comparison  of  values  of  heat  of  vaporization. 


the  mean  calorie  along  the  saturated  path,  yields  the  value  2258.0 
int.  j/g  for  the  heat  of  vaporization  at  100°  C. 

National  Bureau  of  Standards 

Measurements  at  the  National  Bureau  of  Standards  in  1930  [2]  and 
1932  [29]  were  made  with  an  earlier  calorimeter  of  different  design 
from  that  of  the  present  calorimeter.  The  observed  values  of  heat  of 
vaporization,  L,  in  the  range  50°  to  100°  C  were: 

Lso°  =2381.8  int.  j/g.  Lw°  =2282.7  int.  j/g. 

L70°  =2333.6  int.  j/g.  Lm°  =  2257.3  int.  j/g. 

Measurements  above  100°  C  were  made  at  the  National  Bureau  of 
Standards  in  1937  [3]  with  another  calorimeter.  The  value  observed 
in  1937  of  heat  of  vaporization,  L,  at  100°  C,  was  2256.38  int.  j/g. 

It  is  believed  that  the  measurements  made  with  these  two  earlier 
calorimeters  are  inferior  in  precision  to  the  present  results  using  an 
improved  calorimeter,  but  since  these  earlier  results  were  obtained  in 
calorimeters  of  different  design  from  that  of  the  present,  they  were 
included  in  the  formulation  in  the  present  report. 
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In  figure  8,  a  comparison  is  given  of  the  various  measurements  of 
the  heats  of  vaporization  between  0°  and  100°  C.  The  base  line  in  this 
figure  is  taken  from  the  NBS-39  formulation. 

The  formulations  of  heat  capacity  and  heat  of  vaporization,  which 
have  been  given  in  this  report,  are  considered  more  reliable  than  those 
given  in  previous  reports  from  this  laboratory  in  the  range  0°  to  100°  C. 
Inasmuch  as  the  values  of  some  of  the  properties  of  saturated  water 
and  steam  above  100°  C  depend  partly  on  the  values  below  100°  C 
a  reappraisal  has  been  made  of  all  the  measurements  made  at  the 
National  Bureau  of  Standards  and  the  results  compiled  into  a  single 
table  of  smoothed  values  in  the  entire  range  0°  to  374.15°  C.  This 
compilation  appears  elsewhere  in  this  journal  [36]. 
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Heat  Capacity  of  Sodium  Between  0°  and  900°  C,  the  Triple  Point  and  Heat  of  Fusion 


By  Defoe  C.  Ginnings,  Thomas  B.  Douglas,  and  Anne  F.  Ball 

Using  an  improved  ice  calorimeter  and  furnace,  the  enthalpy  changes  of  two  samples 
of  pure  sodium  have  been  accurately  measured  by  a  drop  method  at  a  number  of  tempera¬ 
tures  between  0°  and  900°  C.  Equations  are  derived  to  fit  the  data,  and  values  of  enthalpy 
and  entropy,  based  on  zero  values  at  0°  C,  as  well  as  the  heat  capacity  are  tabulated  for 
both  the  solid  and  liquid.  Sources  of  significant  experimental  error  are  examined  critically, 
and  some  theoretical  implications  of  the  results  are  discussed  qualitatively. 


I.  Introduction 

The  advantages  of  liquid  sodium  for  heat 
transfer  at  high  temperatures  have  been  known 
for  some  time.  Not  only  have  experimental 
values  of  the  heat  capacity  of  sodium  been  limited 
to  the  temperature  range  below  300°  C,  but  these 
values  have  been  widely  discordant  at  200°  to 
300°.  It  was  the  purpose  of  this  investigation  to 
measure  the  heat  capacity  of  pure  liquid  sodium 
with  higher  accuracy  and  at  higher  temperatures 
than  had  been  done  previously. 

II.  Samples 

The  measurements  were  made  on  two  samples 
of  sodium  enclosed  in  stainless  steel  containers  of 
the  type  shown  in  figure  1.  The  stainless  steel 
used  was  chosen  for  its  resistance  to  attack  by 
sodium  at  high  temperatures.  The  sodium  had 
been  distilled  once  in  glass  in  vacuum  at  or  below 
300°  C.  The  weights  of  the  samples  were  5.3404 
and  6.0297  g,  respectively,  and  each  was  ad¬ 
mitted  in  vacuum  to  a  stainless  steel  cylinder 
weighing  16.840  g  and  having  a  capacity  of  9.7 
cm3.  After  admitting  helium  to  a  pressure  of  one*- 
thirtieth  atm,  each  cylinder  was  sealed  by  welding 
and  subsequently  tested  for  leakage  by  noting 
whether  exposure  to  850°  C  for  15  min  in  an 
evacuated  vessel  caused  any  change  in  weight. 
The  welding  process  utilized  pulsed  inductive 
beating  [l].1 *  With  this  welding  technique,  it  was 
possible  to  seal  the  container  without  changing 
its  weight  by  more  than  a  milligram. 

1  Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this 

paper. 


The  sodium  sample  used  for  most  of  the  measure¬ 
ments  was  analyzed  spectrochemically  at  this 
Bureau  after  the  heat-capacity  experiments.  Of 
the  47  elements  tested  for,  including  all  the 
common  metals,  only  three  were  detected.  Cal- 
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Figure  1.  Scale  diagram  of  sample  container. 

cium  and  lithium  were  found  in  amounts  estimated 
at  between  0.0001  and  0.001  weight  percent, 
whereas  potassium  was  estimated  to  be  between 
0.001  and  0.01  percent.  The  sample  was  com¬ 
pletely  soluble  in  water. 

The  spectrochemical  analysis  did  not  include  a 
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Figure  2.  Schematic  diagram  of  furnace  and  ice  calorimeter. 

A,  Calorimeter  well;  B,  beaker  of  mercury;  C,  glass  capillary;  V,  sample 
container;  E ,  ice  bath;  F,  copper  vanes:  0,  gate;  II,  platinum  heater;  7,  ice 


search  for  the  common  nonmetals.  However, 
other  samples  from  the  same  original  source  and 
distilled  by  the  same  procedure  were  reported  to 
contain  as  much  as  0.01  percent  by  weight  of 
oxygen  (as  Na20).  The  typical  content  of  hydro¬ 
gen  before  distillation  amounted  to  0.006  percent 
by  weight.  A  melting  curve  observed  by  the 
authors  on  the  principal  sample  is  described  in  this 
paper.  This  indicated  that  the  impurity  in 
solution  in  the  liquid  but  not  in  the  solid  amounted 
to  about  0.0016  mole  percent  at  the  triple  point. 

III.  Method  and  Apparatus 

The  method  as  applied  to  an  earlier  apparatus 
has  already  been  described  [2,  3,  4].  In  brief,  the 
method  is  as  follows.  The  sample,  sealed  in  its 
container,  is  suspended  in  a  furnace  until  it  comes 
to  constant  temperature.  It  is  then  dropped  into 
a  Bunsen  ice  calorimeter,  which  measures  the  heat 
evolved  by  the  sample  plus  container  in  cooling  to 
0°  C.  A  similar  experiment  is  made  with  the 
empty  container  at  the  same  temperature.  The 
difference  of  the  two  values  of  heat  is  a  measure  of 
the  change  in  enthalpy  of  the  sample  between  0  °  C 
and  the  temperature  in  the  furnace.  From 
enthalpy  values  of  the  sample  so  determined  for  a 
series  of  temperatures,  the  heat  capacity  can  be 
derived. 

1.  The  Ice  Calorimeter 

The  construction,  calibration,  and  use  of  an 
earlier  Bunsen  ice  calorimeter  in  this  Bureau  have 
been  described  [2].  The  present  model,  shown 
together  with  the  furnace  in  figure  2,  incorporates 
several  improvements.  In  the  first  place,  the 
mercury-water  interface  is  now  located  in  the 
bottom  of  the  inner  glass  calorimeter  vessel.  This 
has  two  advantages.  First,  the  area  of  the  inter¬ 
face  is  much  larger  than  before,  so  that  for  a  given 
influx  of  heat,  the  level  of  mercury  in  the  calorim¬ 
eter  changes  very  little.  The  calorimeter  and  its 
contents  are  slightly  compressible,  so  that  a  change 
in  pressure  in  the  calorimeter  results  in  a  change  in 
volume  that  must  be  distinguished  from  the  change 
in  volume  due  to  heat  input.  With  the  earlier 
calorimeter,  the  change  in  volume  produced  by  the 
change  in  head  of  mercury  affected  the  calibration 
factor  by  about  0.01  percent,  but  with  the  present 

mantel;  J,  K,  L,  silver  cylinders;  AI,  mercury;  N,  Inconel  tubes;  P,  Pyrex 
containers;  R,  mercury  reservoir;  S,  platinum  shields;  T,  mercury  “temper¬ 
ing”  coil;  V,  needle  valve,  TV,  water;  Y,  porcelain  spacers;  1,  2,  3,  4,  thermo¬ 
couple  junctions. 
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calorimeter,  the  effect  of  the  change  in  head  is  only 
about  0.004  percent.  The  electrical  calibration 
experiments  automatically  compensate  for  this 
effect  in  heat  measurements.  However,  reduction 
of  the  magnitude  of  the  effect  permits  determina¬ 
tion  of  the  calibration  factor  of  an  “ideal”  ice 
calorimeter  (one  that  operates  at  constant  head) 
with  greater  accuracy.  A  second  reason  for  locat¬ 
ing  the  mercury-water  interface  in  the  bottom  of 
the  calorimeter  is  to  avoid  danger  of  breaking  the 
inner  glass  vessel.  The  inlet  tube,  now  being 
filled  with  mercury  rather  than  water,  is  not 
subject  to  blocking  by  freezing,  an  event  that 
would  burst  the  glass  vessel.  The  present  inlet 
tube  includes  a  coil  ( T ),  for  bringing  the  mercury 
to  the  temperature  of  0°  C  before  it  enters  the 
calorimeter. 

The  present  calorimeter  has  been  equipped 
with  a  tin-plated  system  of  copper  vanes,  as 
pictured  in  figure  2.  This  results  in  more  rapid 
distribution  of  heat  from  the  well  to  the  ice,  so 
that  the  lag  in  reaching  thermal  equilibrium  is 
now  caused  almost  wholly  by  the  thermal  resis¬ 
tance  between  the  heat  source  (sample  in  con¬ 
tainer)  and  the  inner  wall  of  the  well.  The  latter 
lag  has  been  considerably  reduced  by  using  a  slow 
stream  of  dry  helium  gas  up  the  well  instead  of 
carbon  dioxide  gas  (as  shown  in  fig.  1). 

Unlike  the  earlier  calorimeter,  the  new  one  has 
no  built-in  heater  for  electrical  calibration.  Cali¬ 
brations  were  made  with  a  removable  heater  pro¬ 
vided  with  two  zones  of  thermal  contact  with  the 
calorimeter  well  for  trapping  the  heat  that  would 
otherwise  escape  through  the  leads.  This  heater 
has  a  resistance  of  about  100  ohms  instead  of  the 
10  ohms  in  the  earlier  calorimeter.  This  reduces 
the  uncertainty  of  accounting  for  the  heat  de¬ 
veloped  in  the  leads  between  the  calorimeter  and 
the  jacket  to  a  few  thousandths  of  a  percent  of 
the  total  heat  input  to  the  calorimeter. 

About  one  hundred  electrical  calibration  experi¬ 
ments  were  made  with  the  new  calorimeter,  with 
energies  varying  from  12,000  to  25,000  j.  These 
experiments  gave  a  calibration  factor  of  270.46  ± 
0.03  abs  j/g  of  mercury,  which  agrees  with  the 
value  of  270.41  ±0.06  obtained  for  the  earlier 
calorimeter  within  the  uncertainty  assigned  to  the 
latter  figure.  About  a  hundred  additional  cali¬ 
bration  experiments  were  made  with  low  energies 
(about  100  j)  in  a  search  for  small  absolute  errors 
that  might  not  be  detectable  in  high-energy 


experiments.  These  experiments  indicated  that 
the  calorimeter  failed  to  register  about  0.4  j,  an 
amount  of  heat  that  is  negligible  in  most  measure¬ 
ments. 

2.  The  Furnace 

The  furnace  is  shown  in  position  over  the  ice 
calorimeter  in  figure  2.  It  was  mounted  on  a 
ball  bearing  so  that  it  could  be  swung  aside  for 
access  to  the  calorimeter.  This  furnace  incorpor¬ 
ated  certain  improvements  that  reduced  temper¬ 
ature  gradients  in  its  central  region  and  permitted 
more  accurate  temperature  measurements  over 
most  of  its  temperature  range. 

In  order  to  minimize  end  effects,  the  furnace 
was  made  24  in.  high,  instead  of  18  in.  as  with  the 
earlier  one  [3].  The  furnace  was  electrically  heat¬ 
ed  by  means  of  No.  26  platinum  wire  ( H)  wound 
on  a  grooved  alundum  tube  having  an  inside 
diameter  of  2  in.  This  heater  was  made  in 
three  separate  sections  corresponding  in  elevation 
to  the  three  silver  cylinders,  which  were  located 
inside  the  alundum  at  J,  K,  and  L.  Silver  was 
used  because  of  its  high  thermal  conductivity. 
By  maintaining  the  silver  cylinders  J  and  L  at 
the  same  temperature  as  the  cylinder  K,  the  tem¬ 
perature  gradient  in  K  could  be  made  negligible. 
The  silver  cylinders  were  supported  by  porcelain 
spacers  ( Y ).  The  silver  and  porcelain  cylinders 
were  lined  with  an  Inconel  tube  (14%  Cr,  8C% 
Ni,  6%  Fe)  having  an  inside  diameter  of  1  in.  in 
the  central  and  lower  parts  of  the  furnace  but  with 
a  diameter  of  one-eighth  in.  in  the  upper  part. 
This  tube  served  to  enclose  the  sample  container 
and  its  suspension  wire  (No.  32  Nichrome  V), 
so  that  an  inert  atmosphere  could  be  maintained 
at  high  temperatures  where  the  stainless  steel 
container  would  oxidize  in  air.  Helium  was  used 
for  the  atmosphere  in  order  to  minimize  the  time 
necessary  to  hold  the  capsule  in  the  furnace. 

Figure  2  shows  some  of  the  vertical  holes  drilled 
through  the  silver  and  porcelain.  These  were 
placed  90  deg  apart  azimuthally.  Three  of  them 
(one-fourth-in.  in  diameter)  extended  through  the 
length  of  the  furnace  while  two  (three-sixteenth-in. 
in  diameter)  extended  only  to  the  top  and  bottom 
respectively  of  the  center  silver  cylinder  as  shown 
in  figure  2.  These  holes  were  fitted  with  thin- 
walled  Inconel  tubes,  one  of  which  served  to  hold 
the  platinum-rhodium  thermocouple  sometimes 
used  for  temperature  measurement  of  the  central 
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silver  section  (K).  In  the  two  Ke-m  tubes  were 
placed  differential  thermocouples  used  to  keep  the 
end  silver  sections  (J,  L)  at  the  same  temperature 
as  the  central  section.  All  thermocouples  were 
insulated  in  four-hole  porcelain  tubes,  which  fit 
snugly  in  the  Inconel  tubes.  A  platinum  resist¬ 
ance  thermometer  was  encased  in  a  platinum- 
rhodium  tube,  which  also  fit  snugly  in  one  of  the 
one-fourth-in.  Inconel  tubes. 

In  another  one-fourth-in.  tube  were  placed 
three  small  auxiliary  heaters,  located  at  the  eleva¬ 
tions  of  the  three  silver  cylinders.  It  was  possible 
with  these  heaters  to  add  heat  at  a  low  rate  to  any 
silver  cylinder  for  fine-temperature  regulation. 
It  was  possible  to  maintain  the  central  silver 
cylinder  constant  to  0.01  deg  and  the  end  silver 
cylinders  within  a  few  tenths  of  a  degree  of  the 
central  silver.  These  auxiliary  heaters  were  very 
useful  in  fine- temperature  regulation  since  their 
heat  was  mostly  delivered  to  the  silver  in  30  sec, 
thus  avoiding  the  larger  and  troublesome  lag  that 
would  have  been  encountered  had  the  fine  regula¬ 
tion  been  dependent  on  adjusting  the  currents  in 
the  main  heaters. 

In  addition  to  the  thermocouple  mentioned, 
several  more  were  installed  just  outside  the  main 
heaters  (H).  These  thermocouples  served  to 
measure  the  temperature  of  this  region  and  were 
used  in  a  safety  device  to  turn  off  automatically  all 
current  in  the.  furnace  if  its  temperature  ap¬ 
proached  961°  C  (the  melting  point  of  silver). 

The  suspension  of  the  container  in  the  furnace 
and  its  drop  into  the  calorimeter  is  similar  to  that 
described  earlier  [3].  The  braking  started  after 
the  container  entered  the  calorimeter.  The 
weight  of  the  falling  system  was  kept  constant  in 
all  experiments.  Two  platinum  shields  were  used 
above  the  container  in  the  same  manner  as  for¬ 
merly  except  that  the  diameters  of  the  shields  were 
increased  from  five-eighths  in.  to  three-fourths  in. 
since  the  diameter  of  the  calorimeter  well  was 
increased  from  three-fourths  in.  to  seven-eighths 
in. 

3.  Measurement  of  the  Temperature  of  the 
Capsule  in  the  Furnace 

Up  to  600°  C,  a  strain-free  platinum  resistance 
thermometer  was  used  to  measure  the  temperature 
of  the  central  silver  cylinder  that  surrounded  the 
capsule.  This  thermometer  was  calibrated  at 
this  Bureau  on  the  International  Temperature 


Scale  [5]  at  the  ice,  steam,  and  su  fur  points,  and 
its  resistance  was  always  checked  at  the  ice  point 
after  experiments  at  600°  C.  Between  600°  and 
900°,  the  resistance  thermometer  was  removed 
from  the  furnace,  and  the  platinum-rhodium 
thermocouple  was  used.  This  thermocouple  also 
was  calibrated  at  this  Bureau  and  was  checked 
against  a  standard  thermocouple  before  and  after 
the  measurements.  A  comparison  of  the  resist¬ 
ance  thermometer  with  the  thermocouple  showed 
agreement  within  0.2  deg  C  in  the  temperature 
range  up  to  600°  C.  Both  the  resistance  thermom¬ 
eter  and  thermocouple  were  made  to  have  good 
thermal  contact  with  the  silver,  so  that  their 
indications  would  not  be  affected  by  heat  conduc¬ 
tion  along  their  leads.  Experimental  verification 
of  this  was  found  in  tests  with  varying  depths  of 
immersion.  The  resistance  thermometer  winding 
and  the  principal  junction  of  the  thermocouple 
were  both  located  at  approximately  the  height  of 
the  sample  container  in  the  furnace. 

It  has  been  assumed  that  the  saniple  container 
attains  the  temperature  of  the  central  silver, 
which  surrounds  it  except  at  the  bottom.  Al¬ 
though  calculations  showed  this  assumption  to  be 
justified,  experiments  were  made  to  test  this. 
These  experiments  consisted  of  first  making  regu¬ 
lar  drop  experiments  at  700°  C  with  the  end  silver 
pieces  ( J  and  L)  regulated  in  the  normal  manner 
within  a  few  tenths  of  a  degree  of  the  central 
silver  ( K ).  Then  another  series  of  drops  was 
made,  regulating  both  end  silver  pieces  about  50 
deg  colder  than  the  center.  In  other  words,  the 
temperature  difference  between  the  ends  and  the 
central  silver  was  exaggerated  by  a  factor  of  over 
one  hundred.  Even  under  these  extreme  condi¬ 
tions,  the  experiments  gave  a  result  only  0.1 
percent  lower.  This  indicated  two  main  facts. 
First,  with  the  exaggerated  temperature  difference, 
either  the  temperature  gradient  in  the  central 
silver  was  small,  or  the  thermocouple  was  so 
placed  that  it  represented  the  temperature  of  the 
sample  container  in  spite  of  the  gradient.  Actu¬ 
ally  calculations  show  that  the  gradient  is  negligi¬ 
ble  in  normal  use.  Second,  this  also  indicated 
that  any  lowering  of  the  temperature  of  the  sample 
container  below  that  of  the  main  silver  cylinder  K 
due  to  radiation  loss  from  the  sample  container 
out  the  bottom  of  the  furnace  is  negligible. 
Calculations  considering  the  solid  angle  had 
already  shown  that  this  should  be  true. 
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Since  the  temperature  of  the  sample  container 
was  not  directly  measured,  it  was  necessary  to 
allow  sufficient  time  for  the  container  to  reach 
the  temperature  of  the  silver.  Special  tests  have 
been  made  to  determine  this  time,  similar  to  those 
described  in  detail  in  an  earlier  publication  [3]. 
In  the  present  experiments  using  helium  in  the 
furnace,  the  container  with  sodium  acquired  the 
temperature  of  the  furnace  (within  0.01  deg) 
within  15  min,  whereas  the  empty  container  took 
less  time  in  prooortion  to  its  heat  capacity.  In 
the  experiments  with  sodium  just  above  its  melting 
point,  extra  time  was  taken  to  allow"  for  absorp¬ 
tion  of  the  heat  of  fusion. 

It  was  also  necessary  to  consider  the  possibility 
of  azimuthal  temperature  gradients  in  the  silver 
due  to  the  periodic  addition  of  small  amounts  of 
heat  by  means  of  the  auxiliary  heaters  that  are 
located  in  one  of  the  vertical  holes  in  the  silver. 
Calculations  showed  that  no  significant  tempera¬ 
ture  gradients  resulted  with  the  relatively  small 
amounts  of  heat  supplied  in  this  way. 

4.  Errors  Due  to  Cooling  of  the  Sample  Container 
During  Its  Drop  into  the  Calorimeter 

Some  users  of  the  “drop”  method  in  the  past 
have  simply  subtracted  the  calculated  enthalpy  of 
the  sample  container  from  the  measured  enthalpy 
of  the  container  plus  sample.  Of  course,  this 
procedure  does  not  make  allowance  for  heat  lost 
during  the  drop.  By  making  drop  experiments 
with  the  empty  container,  most  of  this  heat  lost 
is  accounted  for,  since  it  is  approximately  the  same 
in  both  types  of  experiments.  However,  for  the 
most  accurate  measurements,  it  is  desirable  to 
test  the  validity  of  this  assumption  that  the  heat 
loss  is  essentially  the  same  for  both  empty  and 
filled  containers.  The  heat  loss  during  the  drop 
is  dependent  on  the  temperature  difference  be¬ 
tween  the  container  surface  and  its  surroundings. 
This  temperature  difference  will  be  slightly  greater 
for  the  filled  container,  since  its  total  heat  capacity 
is  higher  than  that  of  the  empty  container.  This 
difference  between  the  amounts  of  heat  lost  by  the 
empty  and  the  filled  containers  has  been  estimated 
by  the  authors  for  a  sample  assumed  to  have 
infinite  thermal  conductivity  and  perfect  contact 
with  the  container.  This  gives  the  maximum 
possible  difference.  The  radiation  loss  vras  esti¬ 
mated  on  the  basis  of  a  container  wTith  an  area  of 
35  cm2  with  an  emissivity  of  approximately  unity. 
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The  heat  lost  by  radiation  from  a  container  at 
900°  C  dropping  through  a  region  near  room 
temperature  for  one-quarter  sec  is  about  80  j. 
The  convective  heat  loss  is  much  more  difficult  to 
estimate.  Using  the  formula  given  in  the  Inter¬ 
national  Critical  Tables  [6]  for  horizontal  cylinders 
as  being  somewhat  analogous,  the  convective  loss 
in  helium  was  calculated  as  about  80  j.  Using 
these  figures  with  the  known  heat  capacities  of 
the  empty  and  filled  containers,  it  is  estimated 
that  there  would  be  a  maximum  error  of  about  4  j 
in  the  value  for  the  enthalpy  of  the  sample  at  900° 
C.  This  is  equivalent  to  about  0.06  percent  on 
enthalpy,  and  a  somewhat  greater  error  on  heat 
capacity. 

Due  to  the  approximate  nature  of  the  calcula¬ 
tions  of  this  error,  some  experiments  wrere  made 
to  test  if  the  heat  losses  calculated  in  this  way  were 
reasonable.  Eight  experiments  were  made  at 
300°  C,  dropping  another  container  having  about 
the  same  emissivity.  In  these  experiments,  the 
time  of  fall  of  the  container  was  varied  by  factors 
of  twro  and  four  greater  than  the  normal  time  of 
fall  (almost  free  fall).  Assuming  that  the  heat  loss 
is  directly  proportional  to  the  time  of  fall,  it  was 
estimated  that  the  total  heat  lost  in  a  normal  fall 
at  300°  C  was  about  6  j.  This  figure  is  consider¬ 
ably  less  than  the  value  of  about  16  j  calculated  in 
the  manner  described  above  (12  j  by  convection 
and  4  j  by  radiation).  This  would  indicate  that 
the  heat  loss  is  less  than  the  calculations  indicate 
and  that  at  900°  C,  the  error  due  to  this  loss  may 
be  0.02  to  0.03  percent.  Since  this  error  is  small 
and  is  not  known  accurately,  no  attempt  was  made 
to  apply  a  correction. 

IV.  Results  of  Enthalpy  Measurements 

A  total  of  129  measurements  of  enthalpy  wTas 
made,  67  with  the  two  empty  containers  and  62 
with  the  two  containers  containing  sodium.  The 
average  deviation  from  the  mean  was  ±0.02  per¬ 
cent  with  a  given  sample,  and  the  difference 
between  the  values  of  enthalpy  for  the  two  samples 
did  not  exceed  0.3  j/g  or  0.03  percent,  whichever  is 
larger.  The  detailed  results  of  individual  runs 
are  given  in  table  1.  Measurements  were  often 
repeated  at  lower  temperatures  after  experiments 
at  higher  temperatures  without  disclosing  any 
evidence  that  significant  permanent  changes  had 
occurred  in  the  samples  meanwhile. 
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Table  1.  Corrected  enthalpy  values  of  individual 
experiments 


Measured  heat 

Temper¬ 
ature, 
t  * 

Blank 

experi¬ 

ments 

Experi¬ 

ments 

with 

sample 

Observed 

Calculated 

Ob¬ 

served— 

Calcu¬ 

lated 

°  C 

Abs  j 

Abs  j 

Abs  j  g  -' 

Abs  j  g  -' 

244. 1 

441.2 

242.6 

441.  0 

30.  60 

37.  08 

37. 10 

-0.02 

242.7 

441.0 

243.6 

442.0 

474. 1 

862.4 

474.4 

862.  1 

59.00 

72.  64 

72.  61 

+.  03 

474.6 

862.  6 

474.3 

622.7 

1,135.4 

77.00 

623.3 

1,135.2 

95.  86 

95.  87 

-.01 

623.7 

1.134.9 

764.  5 

1,398. 1 

765.  9 

1,  399.  0 

765.  3 

1,399.0 

94.  00 

118.52 

1 1 8.  52 

.  00 

4  1,479.2 

4  1,  479.  8 

4  1,479.  1 

815.  3 

2,  096. 1 

815.1 

2,  096.  3 

815.2 

2,  095.  5 

814.  1 

2,  095.  2 

814.8 

2,  097.  5 

815.3 

4  2,  260.  9 

100.  00 

239.  90 

239.  90 

.00 

813.7 

4  2.  260.  6 

814.3 

4  2,  260.  9 

815.2 

b  814.  0 

b  814.8 

b  814.  6 

1.241.2 

2,  889.  0 

150.  00 

1.241.2 

2,  889. 1 

308.  48 

308.  47 

+.01 

«  1.242.2 

2,  888.  3 

1.676.8 

3,  682.  2 

1 , 676.  7 

3,  686.  1 

200.  no 

375.  84 

375.  95 

-.11 

1,  677.  0 

3,  684.  3 

_ • 

3,  683. 1 

2,  570.  7 

5,  284.  6 

2,  570.  2 

5, 285.  5 

2,  571.  7 

5,  285.  2 

300.  00 

45,  639.  6 

508.41 

508.  03 

+.38 

45,  636.  7 

45,  635.  7 

45,  636. 3 

3,498.7 

6,  904. 1 

3,  496.  1 

6,  897.  2 

b3,  496.  9 

6,  901.  3 

400.  00 

636.  87 

637.  09 

-.  22 

b3.  507.  4 

6,  900.  0 

b3. 499.  0 

b3,  499.0 

4,  449. 1 

8,  529. 3 

500.  00 

4,  449.  1 

8,  529.  2 

764.  02 

764.  05 

-.03 

4,  448.  3 

8,  528.  4 

5,  422.  3 

10,  175.7 

5,  423.  3 

10, 173. 3 

600.00 

5, 422.  2 

4  10,  791  6 

889.  97 

889.82 

+.15 

4  10,  788.  3 

4  10.  788.  8 

6, 421 

11.840 

6,418 

11,836 

699.  5 

1,014.5 

1,014.7 

-.2 

6.420 

11,837 

1 

11,  836 

j 

See  footnotes  at  end  of  table. 


Table  1.  Corrected  enthalpy  values  of  individual 
experiments — Continued 


Temper¬ 

ature, 

Measured  heat 

( Hi-Hooc ) 

Blank 

experi¬ 

ments 

Experi¬ 

ments 

with 

sample 

Observed 

Calculated 

Ob¬ 

served— 

Calcu¬ 

lated 

0  C 

Abs  j 

.45s  j 

Abs  j  g  -‘ 

Abs  j  g  _1 

7,417 

13,  496 

7,420 

13,492 

7,417 

13.  491 

796.8 

b  7,423 

1, 137.  2 

1, 137.  5 

-.3 

b  7, .420 

b  7,  422 

b  7,420 

8,455 

15,211 

8,  458 

15,211 

8,  454 

i5,  210 

b  8,  458 

416,  083 

b  8,  453 

416,  080 

890.  6 

b  8, 453 

’  1,  265.  2 

1.264.9 

+.3 

b  8,  448 

b  8,  449 

b  8, 449 

b  8,  452 

a  International  Temperature  Scale  of  1948  [5], 

On  alternate  container  of  same  mass. 

°  Weighted  less  because  of  unsteady  heat  leak. 

d  On  alternate  container,  containing  6.0297  g  of  sodium.  The  other  con¬ 
tainer  had  the  same  mass  but  contained  5.3404  g  of  sodium. 

No  corrections  for  impurities  were  made,  since 
these  were  believed  to  be  much  smaller  than  the 
accidental  error.  All  weights  were  reduced  to 
an  in-vacuum  basis.  Small  corrections  were  made 
to  bring  the  results  to  a  common  basis  at  the  listed 
temperatures.  The  values  of  enthalpy  (Ht—H0) 
given  in  table  1  are  at  the  vapor  pressure  (satura¬ 
tion  pressure).  Small  corrections  were  made  for 
the  thin  oxide  coatings  that  the  containers  acquired 
in  the  furnace,  using  published  heat  capacities  of 
Fe  and  Fe304  [7].  In  addition,  in  order  to  evaluate 
the  heat  capacity  of  the  liquid  alone,  it  was  neces¬ 
sary  to  make  small  corrections  at  the  highest  I 
temperatures  for  the  heat  given  up  in  condensing 
the  sodium  vapor.  These  corrections,  based  on 
published  vapor  pressure  data  and  the  volumes  of 
the  vapor,  amounted  to  about  0.03  percent  of  the 
enthalpy  at  the  highest  temperature.  The  total  , 
corrections  of  all  kinds  did  not  amount  to  more 
than  0.1  percent  of  the  enthalpy. 

The  experimental  values  found  for  the  enthalpy  i 
of  sodium  (at  saturation  pressure)  in  absolute 
joules  per  gram,  are  represented  by  the  following 
empirical  equations.  H0  is  the  enthalpy  of  the 
solid  at  0°C,  and  t  represents  degrees  C. 
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Ht  (solid) -Ho  (solid)  =  1.19926t+  (3.247)  (HT4)*2 
+  (3.510)  (10-®)f3  (0°  to  97.80°  C) 

Ht  (liquid) -H0  (solid)  =  98.973  +  1. 436744 1 
-2.90244)  (KT4)*2  +(1.54097)  (10"7)*3 

13600 

+  24000d  t+m  (97.80°  to  900°  C) 

The  last  term  of  the  latter  equation  (liquid) 
accounts  for  the  difference  between  Ht—H0  and 
the  net  heat  measured.  As  shown  by  Osborne 
[10],  this  difference  is  equal  to  PV/m,  where  P  is 
the  vapor  pressure  of  the  sodium,  V  is  the  volume 
of  the  container,  and  m  is  the  mass  of  sodium.  In 
the  temperature  range  investigated,  this  term 
reaches  a  maximum  value  of  0.02  percent  at  900°  C 
and  is  entirely  negligible  for  the  solid.  These 
equations  give  113.2  abs  j/g  as  the  heat  of  fusion 
at  the  triple  point,  97.80°  C. 

After  dropping  the  last  term  in  the  equation  for 
the  enthalpy  of  the  liquid,  the  two  preceding 
equations  then  give  the  measured  heat  differences 
along  the  saturation  curve.  Therefore  their 
direct  differentiation  gives  the  heat  capacities 
(Cs)  under  saturation  temperature  and  pressure, 
as  follows: 

Cs  (solid)  =  1.19926+  (6.494)  (10~4)£ 

+  (1.0531)  (10~5)t2  (0°  to  97.80°  C) 

Cs  (liquid)  =  1.43674- (5.8049)  (10"4)t 

+  (4.6229)  (l(T7)t2  (97.80°  to  900°  C) 

From  these  equations  directly  result  the  following 
equations  for  the  entropy  (also  at  saturation 
pressure),  absolute  joules  g_1  deg  K_1,  in  excess 
of  that  at  0°  C.  T  represents  degrees  Kelvin 
(taking  0°  C=273.16°  K). 

St  (solid) — *S,273.i6°ic  (solid)  =4. 1 624 1  logn+ 

-(5.1036)  (10-3)  T+ (5.2656)  (1(T6)  T2-9. 14016 

(0°  to  97.80°  C) 


ST  (liquid)  —  S2n.\6°K  (solid)  =  3.75276  logI0  T 

-(8.3303)  (10~4) T+(2.31 12)  (10~7) H-8.67398 

(97.80°  to  900°  C) 

Values  of  enthalpy,  heat  capacity,  and  entropy 
calculated  from  these  equations  for  rounded  tem¬ 
peratures  are  listed  in  table  2. 

Tablk  2.  Enthalpy,  specific  heat,  and  entropy  of  sodium 


Temperature,  t 

Hi—IIo°c 

C. 

St— S273-16°K 

abs  j  g~l 

abs j g~{ 

°C 

absjg-' 

deg -‘ 

deg~l 

0 _ 

0 

1. 1991 

0 

25 _ 

30.25 

1.2221 

. 10590 

50 _ 

61.21 

1.  2555 

.20569 

75 _ 

93.26 

1.3071 

.30116 

97.80  (solid) _ 

123.68 

1.3636 

.  38581 

[Melting 

113.  2 

.  30510 ] 

97.80  (liquid) . .. 

236.  86 

1.3845 

.69090 

100 _ 

239.90 

1.3832 

. 69906 

200 _ 

375.  95 

1.3393 

1.0222 

300 _ 

508.  03 

1.  3042 

1 . 2757 

400 _ 

637.09 

1.  2786 

1.  4832 

500 _ 

764.  05 

1.  2619 

1.6590 

600 _ 

889.  82 

1.2548 

1.8121 

700 _ 

1,015.3 

1.  2569 

1.9481 

800 _ 

1,141.6 

1.2682 

2.  0715 

900 _ 

1,  269.  4 

1.2887 

2. 1853 

V.  Determination  of  the  Triple  Point  and 
the  Temperature  Change  During  Melting 

In  order  to  measure  the  triple  point  and  the 
amount  of  impurities  (liquid-soluble,  solid-insolu¬ 
ble)  in  the  sodium,  a  resistance  thermometer  (60 
ohms  of  No.  40  enameled  copper  wire)  was  wound 
directly  around  the  lower  half  of  the  sample 
container  used  in  most  of  the  enthalpy  measure¬ 
ments.  This  container  was  raised  into  the  fur¬ 
nace,  and  the  copper  resistance  thermometer  was 
then  calibrated  at  94°  and  100°  C  against  the 
platinum  resistance  thermometer  located  in  the 
silver  cylinder  (K).  Starting  with  this  container 
and  the  furnace  at  equilibrium  at  94°  C,  the 
container  was  heated  adiabatically  using  the  cop¬ 
per  resistance  thermometer  as  an  electric  heater 
and  raising  the  temperature  of  the  furnace  at 
about  the  same  rate.  After  an  appropriate  time 
interval  the  electric  power  was  turned  off,  and 
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the  container  was  allowed  to  come  to  a  constant 
temperature,  which  was  observed  by  the  copper 


Table  3.  Experiments  to  determine  the  reproducibility  of 
the  mechanical  state  of  solid  sodium 


resistance  thermometer.  This  cycle  was  re¬ 
peated  about  20  times,  using  electric  power  of 
one-fourth  watt  over  a  total  heating  period  of  90 

Set 

No. 

Tem- 

Mass  of 

min.  It  was  therefore  possible  to  observe  the 

perature 

t 

Na  in 
sample 

Prior  heat  treatment 

relation  between  the  temperature  of  the  sodium 
and  the  fraction  that  had  melted. 

The  temperature  and  fraction  of  the  sample 
melted  were  consistent  with  Raoult’s  law  within 

0  C 

9 

the  precision  of  the  measurements,  and  indicated 
the  triple  point  of  the  sample  to  be  97.792°  C  and 

i 

59.  00 

5.  3404 

Annealed _  _  _ 

that  of  pure  sodium  to  be  97.80°.  This  triple- 
point  lowering  corresponds  to  a  liquid-soluble, 
solid -insoluble  impurity  of  0.000016  mole/gram- 
atom  of  sodium.  The  freezing  point  of  pure 

2 

59.  00 

5.  3404 

Quenched. .  _ 

sodium  at  1-atm  pressure  is  calculated  to  be 
97.81°  C. 

3 

39.  90 

6.  0297 

Annealed _ _ _ 

VI.  Effect  of  Mechanical  State  of  the 

4 

39.  90 

6.  0297 

Quenched _  _ 

Solid 

5 

39.  90 

0.  0297 

Requenched  rapidly  by 
dry  ice. ..  _  ...  . 

E.  Griffiths  [9]  claimed  that  he  found  reproduc- 

Measured  heat 
(Na  and  con¬ 
tainer) 


Indi¬ 

vidual 

experi¬ 

ment 


abs  j 

860.7 

861.7 

863.4 
862.  2 

864.5 

862.7 

863.2 

619.2 

615.8 
616.0 

616.7 

617.9 

616.3 

616.8 
616.0 

614.4 
616.2 
615.2 

616.5 


Mean  of 
set 


abs  j 
862.0 

863.  5 

617.  1 

616.4 

615.  6 


sodium  amounting  to  as  much  as  1.5  percent, 
depending  on  whether  in  its  previous  heat  treat¬ 
ment,  the  sample  had  been  “quenched”  or 
“annealed”.  Similar  tests  were  made  by  the 
authors  on  the  two  sodium  samples  reported  here, 
and  with  conditions  of  quenching  and  annealing 
somewhat  more  extreme  than  employed  by 
Griffiths.  The  furnace  temperatures  used  were 
chosen  to  cover  the  temperature  range  where  lie 
found  the  greatest  difference.  The  results  are 
summarized  in  chronological  order  in  table  3. 

The  first  set  of  experiments  (Set  1)  was  made 
after  freezing  slowly  over  an  interval  of  1  hr  and 
then  cooling  at  the  rate  of  about  5  deg /hr.  Pre¬ 
ceding  the  experiments  in  Set  2  and  on  the  same 
day,  the  molten  sample  was  quenched  by  putting 
its  container  into  a  tube  immersed  in  ice.  The 
treatments  before  Sets  3  and  4  were  respectively 
similar,  except  that  the  annealing  carried  out  on 
the  day  preceding  Set  3  involved  freezing  the 
sample  over  a  period  of  3  In*  and  then  cooling 
the  solid  to  room  temperature  at  a  rate  varying 
from  3  to  5  deg/hr.  Before  observing  Set  5,  the 
sample  was  remelted  and  requenched  by  immersing 
its  container  directly  into  a  dry  ice-acetone  bath 
(  —  78°  C).  It  was  then  kept  at  this  temperature 
overnight  until  just  before  the  experiments. 


The  results  tabulated  in  table  3  indicate  that  the 
quenching  and  annealing  treatments  did  not 
change  the  heat  capacity  of  the  sodium  by  more 
than  0.2  percent  and  that  these  changes  seem  to 
be  accidental  and  within  the  precision  of  the 
measurements. 

VII.  Reliability 

An  index  to  the  reproducibility,  or  “precision”, 
of  the  enthalpy  measurements  is  afforded  by  the 
deviations  from  the  mean,  as  shown  by  the  results 
of  the  individual  measurements  shown  in  table  1. 
Another  index  is  provided  by  the  deviations  (also 
listed  in  table  1)  from  the  smoothed  values  given 
by  the  empirical  equations  adopted.  All  the 
results  for  liquid  sodium  lead  to  a  probable  error 
of  the  mean  of  from  0.01  to  0.03  percent  on 
enthalpy  (depending  on  the  temperature),  and  as 
much  as  0.3  percent  on  the  derived  heat  capacity 
values,  with  a  somewhat  increased  uncertainty  be¬ 
low  200°  and  above  800°  C  because  of  the  difficulty 
of  determining  the  derivative  of  an  empirical 
function  accurately  near  its  ends.  For  solid 
sodium,  the  relative  uncertainties  become  con¬ 
siderably  greater  at  the  low  temperatures,  owing 
to  the  inability  to  determine  heats  by  the  ice 
calorimeter  with  a  precision  of  better  than  0.4  j, 
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In  addition,  all  factors  suspected  of  contributing 
appreciable  systematic  errors  were  analyzed  to 
determine  their  likely  contributions.  Direct  com¬ 
parisons  between  the  platinum  resistance  ther¬ 
mometer  and  the  platinum-rhodium  thermocouple 
up  to  600°  indicated  differences  in  temperature  of 
from  0.0  to  0.2  deg.  Calculations  indicated  that 
errors  due  to  the  very  small  temperature  gradients 
inside  the  silver  cylinder  in  the  furnace  were 
entirely  negligible.  As  far  as  uncertainties  in 
measuring  the  temperatures  on  the  International 
Temperature  Scale  are  involved,  the  resulting 
probable  error  2  in  the  enthalpy  is  thought  to  be 
only  about  0.02  percent  between  100°  and  600°, 
and  perhaps  three  times  this  much  at  900°,  where 
it  was  necessary  to  resort  to  measurement  using  a 
thermocouple'.  As  a  consequence,  the  probable 
error  in  the  heat  capacity  due  to  uncertainty  in 
temperature  measurement  may  be  considered  to 
lie  within  0.03  percent  from  100°  to  600°,  but  may 
reach  0.2  percent  at  900°  C. 

In  case  the  sample  contained  0.01  percent  by 
weight  of  oxygen  as  sodium  oxide,  as  discussed 
earlier  in  this  report,  the  error  in  enthalpy  or  heat 
capacity  due  to  its  gradual  deposition  from  solu¬ 
tion  as  the  temperature  fell  might  be  as  much  as 
0.05  percent.  A  similar  error  would  be  present 
if  the  liquid  sodium  dissolved  appreciable  amounts 
of  the  steel  container;  but  recent  measurements  on 
the  solubility  of  iron  in  liquid  sodium  by  L.  F. 
Epstein  [8],  of  the  Knolls  Atomic  Power  Labora¬ 
tory,  indicate  a  solubility  at  900°  C  of  22  parts  per 
million,  which  would  lead  to  negligible  error  in  the 
present  measurements.  The  analysis  of  the  dif¬ 
ference  between  the  heat  lost,  during  the  drop 
into  the  calorimeter,  by  the  sample  container  and 
by  the  empty  container,  showed  that  this  effect, 
greatest  at  the  highest  temperatures,  might  lead 
to  errors  of  0.03  percent  on  enthalpy  and  0.1  per¬ 
cent  on  heat  capacity  at  900°.  Taking  due  con¬ 
sideration  of  the  sources  of  error  mentioned  and 
other  less  significant  ones,  the  authors  believe 
that  the  probable  error  of  the  enthalpy  values  of 
sodium  reported  here  may  be  considered  to  be 
between  0.1  and  0.2  percent  (except  below  100°, 
as  mentioned  above),  whereas  the  probable  error 


2  “Probable  error”  as  used  in  the  remainder  of  this  paper  includes  the 
authors’  estimate  of  certain  systematic  errors.  To  each  factor  subject  to 
error,  there  was  assigned  a  figure  such  that  it  was  believed  that  the  actual 
error  was  as  likely  greater  as  smaller  than  this  figure.  These  figures  were 
then  combined  statistically  to  yield  an  over-all  probable  error  in  the  given 
experimental  quantity. 


of  the  heat  capacity  was  similarly  estimated  to  be 
between  0.3  and  0.4  percent. 

One  experimental  check  on  the  over-ail  accuracy 
of  the  apparatus  in  measuring  enthalpy  was  made 
by  measuring  the  heat  delivered  to  the  ice  calo¬ 
rimeter  by  a  Monel  capsule  containing  water  and 
dropping  from  250°  C.  By  thus  determining  in 
several  measurements  the  difference  in  heats  for 
two  amounts  of  water  differing  by  about  6  g,  a 
value  of  1042.05  abs  j/g  for  a]250°°  of  water,  de¬ 
fined  elsewhere  [10],  was  obtained.  This  figure 
differs  by  only  0.02  percent  from  the  value  of 
1041.85  published  in  the  latest  report  [11]  on  the 
thermal  properties  of  water  as  accurately  measured 
earlier  in  this  laboratory  with  an  adiabatic 
calorimeter. 

The  value  found  for  the  triple  point  is  considered 
to  have  a  probable  error  of  ,  0.03  deg,  dependent 
mostly  on  the  uncertainty  in  the  calibration  of  the 
copper  resistance  thermometer  used  for  the 
measurements.  A  probable  error  of  0.3  percent 
is  assigned  to  the  heat  of  fusion.  This  figure  is 
based  on  the  estimated  reliability  of  the  enthalpy 
values  in  the  neighborhood  of  the  triple  point. 
If  all  the  impurity  indicated  by  the  measured 
melting  curve  were  actually  in  liquid  solution  at 
94°,  then  0.25  percent  of  the  sample  was  liquid  at 
this  temperature.  In  that  case,  the  value  of  the 
enthalpy  of  the  solid  given  in  table  1  would  be  0.2 
j/g  too  high  due  to  this  effect,  making  the  cal¬ 
culated  heat  of  fusion  0.3  j/g  too  low. 

VIII.  Comparison  with  Results  of  Other 
Investigations 

A  number  of  other  investigators  [9,  12,  13,  14, 
15,  16,  17]  have  made  measurements  of  the  heat 
capacity  of  solid  and  liquid  sodium  above  0°  C, 
and  most  of  these  are  shown  for  comparison  in 
figure  3,  where  the  full-line  curves  represent  the 
values  of  the  present  investigation  as  given  by 
the  equations  presented  earlier  in  this  paper. 
Each  experimental  point  (NBS)  given  for  the 
liquid  in  figure  3  was  calculated  from  two  adjacent 
observed  enthalpies  given  in  table  1.  Rengade’s 
[12]  measurements,  which  made  use  of  an  ice 
calorimeter,  extended  from  15°  to  100°,  and 
although  he  stated  that  his  sample  was  not  very 
pure,  his  precision  amounted  to  about  0.2  per¬ 
cent.  Griffiths  [9]  employed  a  dynamic  method 
and  covered  the  range  0°  to  140°,  claiming  a 
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Figure  3.  Comparison  of  heat-capacity  values. 


reproducibility  of  better  than  0.1  percent,  except 
for  the  variation  of  about  1.5  percent  on  the  solid 
caused  by  varying  the  heat  treatment,  as  men¬ 
tioned  above.  Eastman  and  Rodebush’s  [13] 
measurements  were  mostly  at  low  temperatures, 
but  afford  a  comparison  at  20°  C.  Iitaka  [14] 
made  determinations  of  the  heat  capacity  of  the 
liquid  between  125°  and  290°,  the  latter  being  the 
highest  temperature  attained  prior  to  the  present 
investigation.  He  dropped  his  samples  from  a 
furnace  into  his  calorimeter  and  took  due  pre¬ 
caution  to  avoid  certain  systematic  errors,  but 
his  precision  was  not  better  than  several  percent, 
and  it  will  be  noted  from  the  graph  that  his 
values  fpr  heat  capacity  are  considerably  higher 


Table  4.  Values  for  the  melting  point  and  heat  affusion 
of  sodium 


Source 

Melting  point 

- 1 

Heat  of  fusion 

°C 

abs  j  g~l 

This  investigation _  _ 

97.  81±0.  03 

113.2 

Ladenburg  and  Thiele  [18]. 

97. 8  ±0. 1 

Edmondson  and  Egerton 

97.7 

[19]. 

Tammann  [18] _ 

97.  8 

Griffiths  [9] _ 

97.61 

115.35  (113.4,  less 

accurate) 

Bridgman  [20] _  .. 

97.63 

125.5 

Rengade  [12] . . 

97.  90 

Bernini  [11]..  _ 

97.63 

74.5 

Iitaka  [14] _ 

108.  8 

Joannis  [16] . . . 

132.6 

than  those  of  the  other  investigators.  Dixon 
and  Rodebush  [15]  made  measurements  with  a 
precision  of  about  1  percent,  from  121°  to  178°. 
Their  method  consisted  in  measuring  the  adiabatic 
temperature-pressure  coefficient,  and  seems  to 
have  been  subject  to  experimental  difficulties  due 
to  the  high  thermal  conductivity  of  the  sodium. 

The  values  reported  for  the  melting  point  and 
heat  of  fusion  of  sodium  are  given  in  table  4. 
These  melting  point  values  in  themselves  are  not, 
of  course,  a  reliable  criterion  of  the  relative  purity 
of  the  various  samples  used. 

IX.  Discussion  of  Results 

The  values  of  the  heat  capacity  of  sodium 
reported  herein  have  practical  importance,  inas¬ 
much  as  they  cover  the  temperature  range  between 
0°  and  300°  C  with  greater  accuracy  and  precision 
than  has  been  the  case  heretofore,  and  in  addi¬ 
tion  extend  the  measurements  to  much  higher 
temperatures,  where  experimental  values  for 
sodium  have  been  entirely  lacking  until  now.  At 
the  same  time  these  values  should  be  of  consider¬ 
able  theoretical  interest,  since  the  extensive 
interest  in  the  structure  and  properties  of  the 
liquid  state  in  recent  years  has  led  to  the  theoret¬ 
ical  calculation  of  the  heat  capacity  of  certain 
liquids,  including  sodium,  whereas  accurate  experi¬ 
mental  measurements  on  liquid  metals  have  been 
relatively  very  meager. 

The  accuracy  of  the  results  given  in  this  report 
is  sufficient  to  show  clearly  the  trends  of  the 
heat  capacity  curves  of  sodium  with  temperature, 
both  below  and  above  the  triple  point.  The  fall 
of  the  liquid  curve  to  a  minimum,  a  phenomenon 
in  contrast  to  the  steady  rise  with  temperature 
for  the  great  majority  of  liquids,  is  by  no  means 
unique  in  the  case  of  metals,  being  paralleled 
by  the  heat  capacity  of  mercury  [21],  The 
entropy  of  fusion  of  sodium,  7.03  j  deg-1  gram- 
atom-1,  is  one  of  the  lowest  values  for  metals. 
According  to  current  theories,  the  metal  does  not 
acquire  complete  randomness  on  melting,  and 
the  increased  heat  capacity  of  the  liquid  over  what 
it  displays  at  much  higher  temperatures  is  to  be 
attributed  to  a  further  absorption  of  “communal” 
entropy  above  the  melting  point.  Taking  the 
values  of  the  present  investigation  and  extra¬ 
polating  linearly  to  the  melting  point  that  part 
of  the  curve  (fig.  3)  above  700°,  it  was  calculated 
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that  the  excess  heat  capacity  between  the  triple 
point  and  600°  is  ecpii valent  to  an  entropy  increase 
of  1.3  j  deg-1  grain-atom-1,  a  figure  of  the  right 
order  of  magnitude  to  be  explained  in  this  way. 

It  has  been  pointed  out  further  that  the  increase 
of  heat  capacity  of  the  solid  alkali  metals  with  in¬ 
creasing  temperature  is  enhanced  in  the  regions 
of  temperature  just  below  the  respective  melting 
points,  and  this  has  been  attributed  to  an  acqui¬ 
sition  of  a  part  of  the  randomness,  most  of  which 
occurs  in  fusion.  The  equation  which  Rengade 
[12]  gave  for  the  heat  capacity  of  solid  sodium 
from  15°  to  the  melting  point,  being  linear  with 
temperature,  does  not  of  course  show  this  feature. 
The  equation  found  for  the  solid  in  this  investiga¬ 
tion,  however,  does  have  the  sign  of  curvature 
just  referred  to,  and  so  in  this  respect  is  at  vari¬ 
ance  with  an  unmodified  Debye  function  above 
the  characteristic  temperature. 

Aside  from  any  theoretical  explanation  of  its 
approximate  values,  the  heat  capacity  of  liquid 
sodium  is,  as  is  well  known,  one  of  the  determinants 
of  the  curvature  of  the  vapor-pressure  curve. 
Ladenburg  and  Thiele  [18],  in  a  critical  evalua¬ 
tion  of  numerous  vapor-pressure  data  of  sodium, 
were  forced  to  assume  an  average  heat  capacity  of 
the  liquid.  Although  their  calculations  are  based 
on  an  approximate  partition  function  for  the 
vapor  which  is  not  accurate  at  these  temperatures, 
the  effect  of  this  on  the  vapor  pressures  is  probably 
relatively  small,  and  they  were  able  to  show  that 
for  the  range  100°  to  500°  C  an  average  heat  ca¬ 
pacity  of  liquid  sodium  of  1.326  j  g-1,  deg-1,  based  on 
the  measurements  of  Dixon  and  Rodebush  [15],  have 
better  agreement  with  the  vapor-pressure  data 
and  theoretically  calculated  “chemical  constant” 
than  a  value  of  1.452,  the  latter  being  litaka’s 
[14]  mean  value.  The  results  of  the  present  in¬ 
vestigation  lead  to  an  average  heat  capacity  of 
1.310  in  this  temperature  interval. 

X.  Summary 

The  enthalpy  of  sodium  has  been  measured  in 
the  range  0°  to  900°  C  and  with  an  accuracy  of 
0.1  to  0.2  percent  over  most  of  the  range.  Values 
of  heat  capacity  are  derived  from  the  enthalpy 
values  with  an  accuracy  of  0.3  to  0.4  percent  over 
most  of  the  range.  The  triple  point  of  sodium 
was  shown  to  be  97.80° ±0.03°  C,  whereas  the 
heat  of  fusion  is  113.2 ±0.4  abs  j/g. 


This  investigation  was  made  possible  by  the 
splendid  cooperation  of  the  Knolls  Atomic  Power 
Laboratory,  Schenectady,  N.  Y.,  in  preparing 
the  samples  and  developing  techniques  of  handling 
and  sealing  the  samples  without  changing  the 
mass  of  the  containers.  For  this  assistance,  the 
authors  are  particularly  indebted  to  Clifford 
Mannal  and  William  D.  Davis,  who  planned  and 
supervised  the  work;  and  to  William  A.  Ruggles, 
who  was  responsible  for  filling,  sealing,  and  testing 
the  sample  containers. 
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Heat  Capacity  of  Gaseous  Carbon  Dioxide 1 

Joseph  F.  Masi  and  Benjamin  Petkof 


The  heat  capacity  ( Cv )  of  gaseous  carbon  dioxide  has  been  measured  at  —30°,  0°,  +50°, 
and  +90°  C  and  at  0.5-,  1.0-,  and  1.5-atmosphere  pressure,  with  an  accuracy  of  0.1  percent. 
The  flow  calorimeter  used  was  a  modification  of  the  one  previously  described  by  Scott  and 
Mellors  [1]  2  and  Wacker,  Cheney,  and  Scott  [2],  In  order  to  test  the  accuracy  of  the  calo¬ 
rimeter,  the  heat  capacity  of  oxygen  was  measured  at  1  atmosphere  at  —30°,  0°,  and  +  50°C. 
The  measured  values  of  Cv  for  oxygen  were  combined  with  an  equation  of  state  to  give  C£; 
these  differed  from  the  statistically  calculated  values  by  +0.03,  —0.06  and  —0.01  percent  at 
the  three  temperatures. 

The  experimental  values  of  Cp  for  carbon  dioxide  have  been  used  to  calculate  new  values 
of  C°  and  [values  of  the  pressure  coefficient  of  heat  capacity  at  the  four  temperatures  of 
measurement.  The  theoretical  values  of  C°  calculated  in  1949  [8]  were  found  to  be  too  low 
by  0.2  to  0.3  percent;  the  results  of  a  new  calculation  are  in  substantial  agreement  with  the 
experiments.  The  pressure  coefficients  are  in  agreement  with  those  obtained  from  the  recent 
pressure-volume-temperature  work  of  MacCormack  and  Schneider  [7]. 


1.  Introduction 

The  large  number  of  experimental  values  of  the 
specific  heat  of  carbon  dioxide  reported  in  the 
literature  are  in  serious  disagreement  with  each  other. 
Leduc,  for  the  International  Critical  Tables  [3], 
attempted  to  evaluate  and  correlate  all  of  the  work, 
both  experimental  and  theoretical,  up  to  1929. 
It  is  now  thought  that  these  ICT  values  are  in  con¬ 
siderable  error.  There  have  been  two  calorimetric 
measurements  of  the  heat  capacity  since  that  time 
[4,  5j .  There  have  also  been  at  least  two  good  sets 
of  pressure-volume-temperature  measurements  [6,  7] 
and  two  calculations  of  the  ideal  gas  heat  capacity 
from  spectroscopic  data  [8,  9].  There  have  been  sev¬ 
eral  compilations,  based  almost  entirely  on  the  com¬ 
bination  of  equations  of  state  with  spectroscopic  val¬ 
ues  of  C°  [10  to  13].  Values  from  several  sources 
of  the  heat  capacity  in  dimensionless  units,  CVIB,  at 
1  atmosphere  and  0°  C,  are  given  here. 


Partington  and  Schilling,  1924  [14] _  4.  40 

Leduc,  ICT  1929  [3] _  4.  37 

Eucken  and  v.  Lude,  1929  [4] _  4.  348 

Sweigert,  Weber  and  Allen,  1946  [10] _  4.  487 

NBS-NACA  Table  13.24,  1949  [12] _  4.  396 

MacCormack  and  Schneider,  1950  [13] _ 4.  363 


The  present  investigation  was  undertaken  because 
of  the  impossibility  of  deciding  which  values  to 
choose  and  because  of  the  reluctance,  on  the  part  of 
some  users  of  thermodynamic  tables,  to  accept 
statistically  calculated  values  without  supporting 
experimental  evidence. 

Oxygen  was  chosen  as  a  substance  to  test  the 
accuracy  of  the  apparatus,  because  its  heat  capacity 
is  well  known  and  because  a  pure  sample  is  rather 
easily  prepared. 

1  This  work  was  financed  in  part  by  the  National  Advisory  Committee  for 
Aeronautics. 

2  Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this 
paper. 


2.  Materials 

The  oxygen  was  prepared  by  heating  potassium 
permanganate  as  described  by  Scott  [15]  and  by 
Hoge  [16],  This  is  a  method  that  has  been  shown  to 
produce  very  pure  oxygen.  The  vapor  pressure  of 
the  sample  at  the  temperature  of  boiling  nitrogen 
was  found  to  agree  with  the  value  calculated  from 
Hoge’s  data  [16],  During  the  course  of  the  last 
series  of  measurements  (those  at  —30°  C),  a  small 
air  leak  in  the  apparatus  was  suspected.  As  soon 
as  the  measurements  were  completed,  a  portion  of 
the  sample  was  dissolved  in  alkaline  pyrogallol  to 
determine  the  purity;  the  amount  of  residual  gas 
was  0.2  percent,  and  it  was  assumed  to  be  nitrogen 
from  air  that  had  leaked  in. 

Carbon  dioxide  was  purified  from  commercial  gas 
that  had  been  made  from  limestone.  A  large 
cylinder  containing  20  lb  of  carbon  dioxide  was 
opened  and  the  gas  allowed  to  escape  until  less  than 
half  of  the  contents  remained.  Several  hundred 
grams  were  then  transferred  to  a  small  evacuated 
cylinder,  which  was  then  attached  to  a  purification 
train.  The  sample  was  slowly  sublimed  from  the 
cylinder  and  condensed  in  a  giass  trap  at  liquid  N2 
temperature,  while  a  high  vacuum  was  maintained 
by  pumping  on  the  trap.  Transfer  to  the  final 
receiver  was  also  accomplished  by  sublimation  and 
condensation.  About  600  g  were  prepared  in  this 
way.  The  sample  was  tested  several  times  for  per¬ 
manent  gases  by  dissolving  portions  in  concentrated 
potassium  hydroxide  and  observing  the  volumes  of 
residual  gas.  These  were  always  less  than  0.01 
percent  of  the  volume  of  the  sample.  A  test  per¬ 
formed  by  E.  R.  Weaver  showed  less  than  0.001 
percent  of  moisture. 

3.  Apparatus 

The  adiabatic  flow  calorimeter  used  in  this  work 
was  a  modification  of  one  that  was  shown  by  Wacker, 
Cheney,  and  Scott  [2]  to  give  heat  capacities  reliable 
to  better  than  0.1  percent.  The  principal  modifi- 
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cation  was  the  substitution  of  two  resistance  ther¬ 
mometers  of  nickel  wire  for  the  thermocouple  previ¬ 
ously  used  for  measuring  the  rise  in  temperature  of 
the  heated  gas.  The  main  advantage  of  this  sub¬ 
stitution  was  that  the  thermometers  could  be  cali¬ 
brated  in  place  at  any  time.  A  further  advantage 
was  that  it  could  be  demonstrated  by  the  readings  of 
the  lower  thermometer  that  the  gas  entering  the 
calorimeter  always  reached  the  temperature  of  the 
bath,  and  that  there  was  negligible  heat  leak  “up¬ 
stream”  from  the  hot  calorimeter  to  the  incoming 
cold  gas. 

The  flow  calorimeter,  as  it  was  used,  is  shown  in 
figure  1.  Most  of  the  essential  features  are  as 
described  by  Scott,  et  al.  [1,  2],  but  so  many  changes 
have  been  introduced  that  a  brief  description  of  the 
entire  apparatus  appears  desirable. 


A,  Liquid  nitrogen;  B,  constant-temperature  bath;  C,  protecting  cylinder; 
CR,  copper  rod;  Fi  and  F2,  flanges;  FI,  felt  insulation;  Hb,  bath  heater;  Hc, 
calorimeter  heater;  H6,  shield  heater;  Ht,  tube  heater;  I,  inlet;  J,  bellows  seal; 
M,  mica  spacer;  MAN,  manometer  tubes;  Ni  and  Nj,  nickel  thermometers; 
O,  outlet;  P,  propeller;  R,  bath-control  thermometer;  S,  radiation  shield;  Ti,  stir¬ 
rer  tube;  T2,  helical  tube;  TCi,  tube  thermel;  TC2,  shield  thermel;  Th,  metal 
thimble;  V,  throttle  valve;  VAC,  vacuum  line;  W,  wax  seal;  X,  vanes. 


3.1.  Constant-Temperature  Bath 

The  calorimeter  is  immersed  in  the  bath,  B,  the 
temperature  of  which  was  controlled  by  supplying 
electric  power  to  the  heater,  Hb.  The  stirring  pro¬ 
peller,  P,  forced  liquid  down  the  brass  tube,  Tx,  and 
over  the  copper  resistance  thermometer,  R,  which 
consisted  of  about  140  ohms  of  No.  37  AWG  wire 
and  which  formed  one  arm  of  a  Wheatstone  bridge. 
An  unbalance  in  the  bridge  circuit  of  1  /rv  corre¬ 
sponded  approximately  to  0.001  deg  K.  The  circuit 
was  ordinarily  attached  to  the  galvanometer'  in  a 
Rubicon  phototube  amplifier,  the  output  of  which 
was  fed  to  a  proportionating  heat-control  amplifier 
developed  by  the  Electronic  Instrumentation  Sec¬ 
tion  of  the  Bureau.  This  arrangement  gave  auto¬ 
matic  control  of  the  bath  temperature  within  0.002 
deg,  provided  there-  were  no  large  disturbances. 
The  copper  thermometer  bridge  could  be  switched 
from  the  controlling  galvanometer  to  a  sensitive  wall 
galvanometer  for  manual  control,  or  the  two  gal¬ 
vanometers  could  be  placed  in  series  for  momentary 
observation  of  the  efficiency  of  control. 

Wlien  controlling  the  bath  below  room  tempera¬ 
ture,  refrigeration  was  required,  and  this  was  pro¬ 
vided  by  the  apparatus  shown  at  the  left  of  figure  1. 
A  solid  copper  rod,  CR,  with  copper  vanes,  X,  at 
one  end  and  a  copper  cylinder  at  the  other  was  im¬ 
mersed  in  liquid  nitrogen,  A.  The  metal  tube,  C, 
closed  at  the  bottom  end  made  the  rate  of  heat 
transfer  almost  independent  of  the  depth  of  the 
nitrogen  in  the  dewar. 

The  bath  liquid  was  a  special  light  machine  oil 
for  temperatures  above  that  of  the  room  and  an 
equivolume  mixture  of  chloroform  and  carbon  tetra¬ 
chloride  for  temperatures  below  that  of  the  room. 

3.2  Flow  Control 

The  source  of  gas  flowing  into  the  calorimeter  is 
not  shown  in  figure  1.  For  oxygen,  this  was  a  cylin¬ 
drical  brass  boiler  with  heavy-copper  vanes,  wound 
with  a  heater  and  immersed  in  a  cold  dewar.  The 
rate  of  flow  was  controlled  by  the  power  supplied 
to  the  heater  on  the  boiler  for  evaporating  the 
liquid  oxygen.  For  carbon  dioxide  the  boiler  was 
replaced  by  a  high-pressure  system  in  which  the 
carbon  dioxide  was  contained  in  a  steel  cylinder 
immersed  in  melting  ice.  The  pressure  (34.38  atm) 
remained  sufficiently  constant  for  good  flow  control. 
The  gas  was  admitted  to  the  calorimeter,  and  its  flow 
rate  was  controlled,  by  a  very  sensitive  diaphragm 
valve.  This  valve  was  previously  used  by  Osborne, 
Stimson,  and  Ginnings  [17]  for  control  of  flow  of  high- 
pressure  water.  A  silver  seat  moving  down  against 
a  stainless  steel  crater-rim  cone  with  a  very  small 
opening  provided  the  closing  action. 

Both  the  rate  of  flow  and  the  mean  pressure  during 
an  experiment  were  adjusted,  controlled,  and  meas¬ 
ured  by  following  the  readings  of  a  three-column 
manometer,  two  columns  of  which  were  connected 
to  the  calorimeter  as  shown  in  figure  1,  whereas  the 
third  was  open  to  the  atmosphere. 


353/180 


3.3  Calorimeter  and  Shield 

The  gas  being  investigated  entered  at  /  and  passed 
through  the  helical  tube,  T2,  where  it  was  brought  to 
the  temperature  of  the  bath.  This  tube  passes  into 
the  vacuum  jacket  through  the  bellows  joint,  J, 
which  was  intended  to  prevent  stresses  caused  by- 
differential  expansion. 

The  calorimeter,  considered  as  the  vertical  tube 
between  points  Jand  0  through  which  the  gas  flowed, 
was  constructed  of  thin-walled  seamless  Monel 
tubing.  The  various  pieces  were  soldered  together 
as  nearly  coaxially  as  possible,  and  the  whole  length 
was  supported  only  at  the  two  ends,  and  at  M  by 
a  mica  spacer.  The  copper  thimble,  Th,  was  used  to 
provide  a  surface  of  higher  temperature  to  protect 
the  incoming  cold  gas  from  radiation;  it  was  therm¬ 
ally  a  part  of  the  calorimeter.  The  latter,  with  the 
exception  of  the  necessary  lead  wires,  was  completely 
isolated  from  contact  with  surroundings  from  points 
M  to  0.  The  thimble  was  gold-plated  and  polished ; 
the  Monel  tubing  was  covered  with  thin  aluminum 
foil,  except  for  a  short  length  that  was  highly  polished 
The  copper  radiation  shield,  S,  was  gold-plated  and 
polished  on  the  inside,  and  covered  with  aluminum 
foil  on  the  outside.  It  was  supported  and  centered 
by  string  spacers. 

The  temperature  of  the  gas  entering  the  calorim¬ 
eter  was  measured  by  the  nickel  resistance  ther¬ 
mometer,  Ni ;  the  gas  passed  over  a  system  of  baffles 
and  went  twice  past  the  glass-silicone-insulated  No. 
36  AWG  constantan  heater,  Hc.  The  direction  of  flow 
was  again  reversed,  and  another  system  of  baffles  was 
encountered  in  the  region  where  the  exit  temperature 
was  measured  with  the  nickel  resistance  thermometer, 
N2.  Heat  leak  to  the  upper  tube  was  opposed  by  sup¬ 
plying  heat  to  a  tube  heater,  Ht,  so  that  zero  tempera¬ 
ture  gradient  was  maintained  as  indicated  by  a  null 
reading  of  the  copper-constantan  thermocouple,  TC\. 
Radiation  to  or  from  the  outer  surface  of  the  calorim¬ 
eter  was  reduced  almost  to  zero  by  heating  the  shield 
with  the  heaters,  Hs,  which  were  so  arranged  that 
any  desired  proportion  of  the  heat  could  be  supplied 
to  the  top  half  of  the  shield.  The  three  junctions  of 
the  chromel-constantan  thermocouple,  TC2,  could  be 
read  in  summation  or  individually,  and  the  attempt 
was  made  to  keep  all  of  the  readings  near  zero.  Heat 
transfer  from  the  bath  by  gas  conduction  was  elimi¬ 
nated  by  evacuating  the  brass  jacket. 

Leads  were  brought  in  through  the  wax  seal,  W, 
and  were  tempered  nearly  to  bath  temperature  on  the 
brass  cylinder,  Fx.  Leads  from  the  thermometer, 
Ni,  were  taken  directly  to  the  brass  ring,  F2,  and 
further  tempered;  all  other  leads  were  wound  twice 
around  the  shield.  All  leads  were  of  AWG  No.  34 
copper  wire,  silk-and-enamel  insulated.  All  wires, 
whether  heaters,  thermometers,  thermal  junctions, 
or  leads,  were  cemented  to  the  metal  surfaces  with 
glyptal  lacquer  and  afterward  baked. 

Each  nickel  thermometer  consists  of  about  55  ohms 
•of  AWG  No.  40  enameled  nickel  wire  with  four 
copper  leads.  The  thermometers  were  calibrated  by 
comparing  with  one  or  more  platinum  resistance 


thermometers  suspended  in  the  bath  when  helium 
was  in  the  calorimeter  jacket.  It  was  found  that  the 
resistance  of  the  nickel  thermometers  in  use  fluctu¬ 
ated  slowly  over  a  range  corresponding  to  3  or  4 
mdeg  during  a  period  of  3  months.  Consequently, 
spot  checks  of  the  calibration  were  made  each  day  of 
heat-capacity  measurements. 

After  leaving  the  calorimeter  through  the  throt¬ 
tle  valve,  V,  the  gas  went  to  one  or  the  other  of  two 
receivers  through  a  snap-throw  valve,  capable  of 
changing  the  flow  from  one  receiver  to  the  other  in 
less  than  0.1  second.  This  valve  in  one  of  the  two 
positions  closed  the  clutch  circuit  of  an  interval 
timer  that  was  driven  by  a  special  constant-fre¬ 
quency  60-cycle  current,  accm*ate  to  0.02  second. 
This  valve  was  the  same  one  described  by  Wacker, 
Cheney,  and  Scott  [2],  The  receivers  were  kept  at 
the  temperature  of  liquid  nitrogen. 

A  Leeds  &  Northrup  G-2  Mueller  bridge  was  used 
to  measure  resistances.  The  potential  and  current 
in  the  calorimeter  heater  were  measured  with  a  pre¬ 
cision  potentiometer,  in  conjunction  with  a  cali¬ 
brated  standard  resistor  and  a  calibrated  volt  box. 
The  circuits  were  essentially  the  same  as  those  de¬ 
scribed  by  Scott,  Meyers,  Rands,  Brickwedde,  and 
Bekkedald  [18]. 

4.  Method 

The  selection  of  the  temperatures  and  pressures  at 
which  to  measure  the  heat  capacity  of  carbon  diox¬ 
ide  was  made  to  cover  the  working  range  of  the  calo¬ 
rimeter  and  obtain  as  many  points  as  necessary. 
The  usual  assumption  was  made,  that  the  error  in 
an  apparent  heat  capacity  caused  by  heat  leak 
would  be  inversely  proportional  to  the  flow  rate. 
Consequently,  at  each  temperature  and  pressure,  a 
number  of  determinations  were  made  over  as  wide  a 
range  of  flow  rates  as  was  consistent  with  a  reason¬ 
able  time  for  measurement,  with  the  size  of  sample, 
or  with  the  capacity  of  the  calorimeter. 

The  determinations  of  the  heat  capacity  included 
the  measurements  necessary  to  obtain  the  three  fun¬ 
damental  quantities:  the  mass  rate  of  flow,  F,  of  the 
gas  through  the  calorimeter;  the  electric  power,  W, 
to  the  calorimeter  heater;  and  the  rise  in  tempera¬ 
ture  of  the  gas,  AT. 

A  heat-capacity  experiment  was  begun  by  adjust¬ 
ing  both  the  valve,  V,  and  the  flow  of  gas  to  the 
calorimeter  until  the  selected  values  for  the  mean 
pressure  and  pressure  drop  were  obtained.  Mean¬ 
while,  power  was  supplied  to  the  heater  and  adjusted. 
Neither  valve  V  nor  the  power  supply  were  changed 
after  the  initial  adjustment,  all  control  being  at  the 
source  of  gas.  Heat  was  also  supplied  to  the  shields. 
After  a  length  of  time  that  was  inversely  propor¬ 
tional  to  the  rate  of  flow,  a  steady  state  was  reached 
in  which  the  heated  portion  of  the  calorimeter  and 
the  shield  were  at  a  constant  temperature  that  was 
approximately  10  deg  higher  than  the  constant  bath 
temperature.  At  this  time  the  gas  was  directed  by 
means  of  the  snap-throw  valve  to  the  other  (weighed) 
receiver,  thus  starting  the  measurement.  Contin- 
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uous  measurements  of  the  exit  temperature  (N2)  of 
the  gas  were  made,  and  slight  adjustments  of  the 
flow  were  made  to  keep  that  temperature  constant 
within  0.03  deg.  In  addition  to  the  measurements 
of  the  resistance  of  the  thermometer,  N2,  readings  of 
current  and  potential  of  the  heater,  resistance  of  iVj 
and  the  bath  thermometer,  and  heights  of  the  three 
mercury  columns  were  recorded  as  often  as  possible 
in  connection  with  each  run.  When  about  the  de¬ 
sired  weight  of  sample  had  been  collected  and  the 
temperature  was  nearly  constant  and  the  same  as 
that  at  the  start  of  the  run,  the  experiment  was  ter¬ 
minated  and  the  gas  was  redirected  to  the  other  con¬ 
tainer.  The  barometric  pressure  was  also  recorded, 
as  well  as  the  reading  of  the  interval  timer.  The 
receiver  was  weighed  on  a  large  analytical  balance, 
and  the  weight  of  sample  was  corrected  for  buoyancy. 

“Blank”  experiments  were  required  in  which  the 
temperature  drop,  5T,  in  the  calorimeter  was  meas¬ 
ured  when  no  heat  was  applied.  This  temperature 
drop  is  chiefly  due  to  Joule-Tliomson  cooling,  but 
heat  leaks  and  responsiveness  of  the  nickel  ther¬ 
mometers  to  the  gas  temperature  usually  contribute. 
The  blank  experiments  were  made  with  the  bath 
temperature  approximately  at  the  mean  tempera¬ 
ture  of  the  corresponding  heat-capacity  measure¬ 
ments,  and  they  were  made  at  the  same  mean  pres¬ 
sures  and  over  the  same  range  of  pressure  drops  as 
the  heat-capacity  experiments.  The  values  of  dT/Ap 
were  plotted  as  a  function  of  A p  for  each  pressure 


and  temperature  for  each  gas.  These  graphs  were 
used  to  obtain  the  quantity  5T  for  each  heat-capac¬ 
ity  experiment.  The  value  of  8T  varied  from  0.005° 
to  0.4°  in  the  extreme  cases. 

The  apparent  specific  heat  of  the  gas,  C,  at  the 
mean  temperature  and  pressure  of  the  experiment 
was  computed  by  the  relation 


C= 


WF -1 
(A  T+8T)' 


(1) 


The  mean  temperature,  Tm,  of  the  experiment  was 
calculated  as  the  bath  temperature  plus  AT/2.  The 
average  pressure,  pm,  in  the  region  of  the  calorimeter 
between  the  thermometers  iVi  and  N2  was  calculated, 
from  the  corrected  manometer  and  barometer  read¬ 
ings,  as  equal  to  the  pressure  at  the  entrance  to  the 
calorimeter  minus  three-eighths  of  the  measured 
pressure  drop,  A p.  A  consideration  of  the  geometry 
of  the  calorimeter  had  led  the  authors  to  the  opinion 
that  the  factor  three-eighths  is  near  the  truth  and 
that  any  uncertainty  in  this  factor  will  not  affect  the 
result  by  a  significant  amount. 


5.  Results 


5.1  Tests  with  Oxygen 

All  the  heat-capacity  data  on  oxygen  from  this  in¬ 
vestigation  are  given  in  table  1.  The  experiments 


Table  1.  Data  on  oxygen 


Reciprocal  of 

Mass  of 

Power,  W 

Pressure  drop, 

Temperature 

Blank  eorrec- 

Heat  capacity, 

Correction  for 

Heat  capacity, 

rate,  F~l 

sample,  m 

A  p 

rise,  A  T 

tion,  ST 

O 

Tm  and  pm.  SC 

Cp  (observed) 

—30.00°  C=243.160  K:  1.00  atm 

sec.  jr> 

Q 

Watt 

mm  Hg 

°K 

°K 

iff-'  deg-' 

ig -'  deg-1 

jg-'  deg-' 

11. 9673 

70.  7703 

0. 762865 

270.7 

9.  8817 

0.  0965 

0.  91489 

-0.  00012 

0.  91477 

20. 1028 

49.  0120 

.  457512 

97.5 

10.0141 

.0382 

.  91487 

-.  00006 

. 91481 

24.  2569 

41.  3857 

.  381375 

67.4 

10.  0837 

.0271 

.  91488 

-. 00004 

.  91484 

37.  9589 

26.  9976 

.  240804 

27.8 

9.  9815 

.0141 

.91435 

-.  00002 

.  91433 

44.  7503 

26.  0441 

.  203395 

20.2 

9. 9454 

.0096 

.91419 

-. 00004 

.91415 

Extrapolated  value . .  _  _ _ ...  _ _ ...  _ _  ...  _ _ _  _ 

0.  91519 

0.00°  C 

=  273.16°  K:  1.00  atm 

11.1876 

50.  7721 

0.  796101 

357.4 

9. 5978 

0. 1222 

0.  91624 

-0. 00008 

0.  91616 

11.  5440 

99.  1040 

.  781965 

334.4 

9.  7381 

.  1157 

. 91606 

-. 00009 

. 91597 

11.8257 

79.9193 

.  796649 

320.9 

10. 1718 

.  1117 

. 91608 

-.00011 

.  91597 

11. 8486 

62.  8581 

.  796698 

320.0 

10.  1910 

.  1115 

.  91632 

-. 00010 

.  91622 

19. 1670 

27.  8317 

.  420780 

125.0 

8.  7491 

.0501 

.  91646 

-.00013 

. 91633 

19.  7966 

68.  4814 

.  418768 

114.2 

9.  0000 

.  0462 

. 91639 

-.00004 

.  91635 

24.  9887 

33. 1234 

.  344989 

73.2 

9.  3736 

.0311 

. 91655 

+.  00002 

.  91657 

35.  0715 

26. 4032 

.  232535 

36.5 

8.  8815 

.0177 

.  91629 

.00000 

.  91629 

37.  2491 

28.  4235 

.  232170 

33.2 

9.  4208 

.0173 

.91619 

+.  00002 

.  91621 

46.  1153 

30.  2936 

.  192647 

22.2 

9.6852 

.0155 

.  91571 

+•  00001 

.  91572 

ExtraDolated  value.  _  _  .  ...  ...  _ _  _  _  ...  _  _  _  _  .....  ...  _ 

0.  91625 

50.00°  0  =  323.16°  K:  1.00  atm 

11.9923 

111.6318 

0.  867217 

297.8 

11.1740 

0.  0887 

0.  92337 

-0.  00020 

0. 92317 

12, 1609 

46.  5598 

.  866257 

284.  7 

11.3270 

.0848 

.  92305 

-. 00023 

.92282 

23.  6091 

24. 1352 

.  442883 

78.  1 

11.3069 

.0233 

.  92272 

-. 00018 

. 92254 

31.9922 

23.  4676 

.  279146 

43.3 

9.  6740 

.0129 

.  92191 

-. 00002 

. 92189 

41.  8940 

23.  4888 

.  226012 

26.0 

10.  2656 

.0077 

.  92152 

-. 00007 

. 92145 

Extrannlated  value  __  __  _  .....  _  _  _  _  _  . 

0.  92366 

a  The  values  of  C  are  corrected  for  0.0035  g  of  oxygen  left  in  the  delivery  tubes  because  of  the  vapor  pressure  of  oxygen  at  the  temperature  of  boiling  nitrogen. 
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are  listed  in  the  order  of  decreasing  flow  rate  at  each 
temperature.  The  values  of  C,  given  in  column  7, 
are  calculated  by  means  of  eq  1.  These  are  adjusted 
by  the  amounts  given  in  column  8,  to  correct  for  the 
difference  between  Tm  and  the  nominal  temperature 
and  between  pm  and  1-at.m  pressure,  and  there  are 
obtained  the  values  of  CP  (observed)  in  column  9. 
The  values  of  Cv  (observed)  are  plotted  as  a  function 
of  F~l.  The  straight  line  drawn  through  the  points 
was  determined  by  the  method  of  least  squares,  and 
the  value  of  Cv  is  obtained  as  the  intercept.  One  of 
these  plots  is  shown  in  figure  2,  to  illustrate  the  pre¬ 
cision  obtained.  The  values  of  Cv  obtained  by  this 
process  are  labeled  “Extrapolated  value”  in  column 
9  of  table  1.  These  values,  converted  to  dimension¬ 
less  form,  Cp/R,  are  listed  again  in  table  3  (a). 
There  are  also  given  the  corrections  to  ideality  cal¬ 
culated  by  the  Beattie-Bridgeman  equation  [19],  and 
the  resulting  values  of  C°/R.  These  values  are  then 
compared  with  the  values  calculated  by  Woolley 
[20,  21]  from  the  spectroscopic  and  molecular  data. 

5.2  Heat  Capacity  of  Carbon  Dioxide 

All  of  the  heat-capacity  data  on  carbon  dioxide  in 
this  research  are  given  in  table  2.  In  addition, 
plots  of  all  the  experimental  results  at  —30°  and 
+  50°  C  are  furnished  in  figures  3  and  4  to  show  the 
typical  appearance  of  these  plots  and  to  indicate  the 
precision.  The  value  of  Cv  (observed)  for  each  point 
(col.  9),  after  adjusting  for  the  differences  between 
Tm  and  pm  and  the  nominal  temperature  and  pressure 
(col.  8),  is  plotted  against  the  reciprocal  of  flow  rate 
(col.  1).  The  slopes  and  intercepts  of  the  lines  were 
first  obtained  by  the  method  of  least  squares.  As 
the  heat  leak,  of  which  the  slopes  of  these  lines  is  a 
measure,  would  be  expected  to  be  independent  of 
pressure,  the  three  lines  at  each  of  the  temperatures 
except  90°  C  were  adjusted  slightly  to  a  constant 
average  slope.  A  small  but  regular  change  of  slope 
with  pressure  was  noted  at  90°  C,  and  these  lines 
were  therefore  unchanged  from  the  least-square 
values.  The  intercepts  of  these  lines  are  the  desired 
values  of  Cp  and  are  listed  in  column  9  of  table  2 
as  the  “Extrapolated  value.”  In  order  to  furnish 
an  estimate  of  the  precision  of  these  values  of  Cv, 
they  are  followed  in  table  2  by  values  of  a,  where  a 

is  defined  as  1),  and  d  is  the  deviation  from 

the  extrapolated  value  of  CP,  of  each  Cp  (observed), 
after  correcting  for  heat  leak  by  use  of  the  slope  of  the 
straight  line  previously  found. 

The  values  of  Cp  have  been  converted  to  dimen¬ 
sionless  form  and  are  given  as  Cp/R  in  table  3  (b). 
Although  there  are  a  number  of  experimental 
measurements  at  atmospheric  pressure  recorded  in 
the  literature,  there  is  no  interest  other  than  histori¬ 
cal  in  making  comparisons  with  the  very  old  work. 
Partington  and  Shilling  [14],  Leduc  [3],  and  Quinn 
and  Jones  [22]  have  made  studies  that  may  be 
referred  to.  The  most  recent  thermal  measure¬ 
ments  are  those  made  by  Kistiakowsky  and  Rice 
[5]  by  the  isentropic  expansion  method.  The  values 


Figurk  2.  Heat  capacity  of  oxygen  at  —  30°  C  and  1  atmosphere. 


RECIPROCAL  OF  RATE,  SEC  g-' 


Figure  3.  Heat  capacity  of  carbon  dioxide  at  —30°  C  and  three 

pressures. 


O  10  20  30  40  50 

RECIPROCAL  OF  RATE,  SEC  g-' 


Figure  4.  Heat  capacity  of  carbon  dioxide  at  60°  C  and  three 

pressures. 
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Table  2.  Data  on  carbon  dioxide 


Reciprocal  of 
rate,  F-' 

Mass  of  sample, 
m 

Power,  W 

Pressure  drop, 
dp 

Temperature 
rise,  AT 

Blank  correc¬ 
tion,  5T 

Heat  capacity, 

C 

Correction  for 
Tm  and  pm, 
iC 

Heat  capacity, 

Cp  (observed) 

— 30.00°C  =  243. 16°  K;  1.50  atm 

sec  g~' 

Q 

Watt 

mm  Hg 

°  K 

°  K 

jg~'  deg-' 

! 

T 

b 

jg~'  deer' 

8. 8629 

41,  3700 

0. 883700 

232.0 

9.  4287 

0.  2680 

0. 80772 

-0.  00044 

0. 80728 

18.  5247 

28.  5792 

.483207 

54.0 

11.0151 

.0740 

.  80721 

-.00068 

. 80653 

19. 5828 

40.5411 

.  470045 

48.5 

11.3377 

.  067.4 

.  80708 

-.00080 

.80628 

35, 2678 

27.  3805 

.  238232 

15.2 

10. 3897 

.0230 

.80689 

-.00036 

. 80653 

45.  6761 

37.3852 

.  171032 

9.0 

9.6685 

.0181 

.80648 

-.00006 

. 80642 

Extrapolated  value.  _ 

0.  80743 

<T _ 

±0. 00040 

1.00  atm 

8. 7392 

90. 5234 

0. 884995 

360.7 

9.  2665 

0.  4018 

0. 79995 

-0.  00056 

0.  79939 

8.9149 

66.  0436 

.  873842 

343.2 

9. 3580 

.3843 

.  79963 

-.00067 

. 79896 

17.  9871 

34.  4809 

.  472673 

85.3 

10.  5263 

.1148 

.  79898 

-.00064 

. 79834 

33. 1864 

30. 2534 

.  237875 

25.9 

9. 8478 

.  0393 

. 79844 

-.00007 

. 79837 

44.9014 

27.  7185 

.  179918 

14.  1 

10. 0914 

.0353 

. 79775 

-.00025 

. 79750 

Extrapolated  value 

0. 79925 

a _ 

±0. 00032 

0.50  atm 

17.  2954 

32. 0664 

0.  471766 

191.2 

10. 0748 

0.  2390 

0.79111 

-0.  00044 

0. 79067 

17.  4880 

33.  8616 

.  468653 

186.4 

10. 1265 

.2340 

.79107 

-.00049 

. 79058 

30. 0616 

13.  5575 

.  268526 

63.9 

10.1155 

.0928 

.79076 

-.00014 

.79062 

45.  2457 

26.  3510 

.  169161 

28.9 

9. 6347 

.0469 

.79055 

+.00019 

.  79074 

Extrapolated  value  .. 

0.  79162 

V _ 

±0. 00049 

0.00° 

0  =  273.16°  K;  1.50  atm 

9.  3013 

57.1123 

0. 866418 

201.4 

9.5445 

0.  1454 

0. 83167 

-0. 00016 

0.83151 

9.  3372 

55. 0724 

.  881983 

233.6 

9. 6941 

.2032 

.83207 

-.00040 

. 83167 

9.  3629 

62. 0585 

.  881506 

233.4 

9.7189 

.2030 

. 83184 

-.00035 

. 83149 

9.  5304 

53. 5353 

. 866533 

191.6 

9.  7887 

.  1383 

.  83191 

-.00035 

. 83156 

18. 0472 

31.1528 

.461388 

54.1 

9.  9729 

.  0455 

.  83115 

-.00022 

.  83093 

18.4196 

31.9291 

. 470372 

60.9 

10. 3594 

.0610 

.  83145 

-.00049 

.  83096 

18.  5104 

70. 0752 

.461507 

51.5 

10. 2334 

.0435 

.  83125 

-.00036 

.  83089 

18.5114 

39. 8565 

.  470610 

60.6 

10.  4168 

.  0607 

. 83155 

-.00041 

.83114 

19. 0150 

52.  8550 

.  460423 

49.4 

10.  4888 

.0420 

.83137 

-.00032 

.  83105 

27.  9321 

48. 1789 

.  279317 

23.0 

9. 3786 

.0223 

.83009 

+.00005 

.83004 

33.2801 

35. 3785 

.  231057 

19.3 

9.  2371 

.0207 

.83060 

+.  00014 

.83074 

33.2990 

28.  2.507 

.  231259 

19.4 

9.  2458 

.0208 

.83101 

+.00013 

.83114 

36. 3004 

20. 1507 

.  197887 

13.9 

8.6471 

.  0160 

. 28919 

+.00048 

.82967 

36.  9328 

26. 7567 

.  197941 

13.6 

8.  7985 

.0157 

.82940 

+.  00047 

.82987 

44. 0597 

23. 7691 

.  170483 

11.0 

9. 0283 

.0120 

.  &3088 

+.00011 

.83099 

52.  5659 

29.  4592 

.  142725 

7.0 

9.  0379 

.0096 

.82923 

+.00043 

.82966 

Extrapolated  value.. 

0. 83178 

_ 

±0.  00042 

1.00  atm 

9. 7661 

76.  8902 

0. 864573 

288. 1 

10. 0045 

0.  2132 

0. 82636 

-0.  00016 

0.  82620 

19.  1194 

30.  6709 

. 438435 

72.7 

10. 0863 

.0640 

. 82585 

-.00031 

.82554 

19. 4948 

29.  6885 

.  439721 

69.7 

10. 3133 

.0637 

. 82608 

-.00026 

. 82582 

19.  6730 

31.  9056 

.  440429 

68.2 

10.  4224 

.0594 

. 82663 

-.00057 

. 82606 

26. 8229 

40. 7983 

. 279254 

37.6 

9.  0375 

.0398 

. 82518 

+.  00039 

. 82557 

27.  3293 

21. 1385 

. 280370 

35.7 

9.  2462 

.0392 

. 82520 

+.  00027 

. 82547 

28.  7456 

33.  6643 

.  278591 

32.2 

9.  6719 

.0339 

. 82510 

-.  00017 

. 82493 

29.  5021 

23. 1136 

. 279038 

31.0 

9.  9395 

.0334 

.82546 

-.00002 

.82544 

38.  6285 

21.  0078 

.  220050 

18.3 

10.  2730 

.0256 

.82537 

-.00040 

. 82497 

49.  6069 

29. 4923 

. 154452 

11.0 

9.  2763 

.0187 

. 82430 

+.00030 

. 82460 

Extrapolated  value  _ 

0. 82657 

<T - 

±0.  00029 

0.50  atm 

16. 0773 

55. 3158 

0.  524271 

226.5 

10.  0779 

0. 1857 

0. 82124 

-0. 00019 

0. 82105 

20. 7110 

39. 0001 

.  410999 

129.  2 

10.  2405 

.  1163 

. 82189 

-.00037 

.82152 

20.  8485 

27.  4840 

.  408322 

128.3 

10.2415 

.  1155 

.82195 

-.00033 

. 82162 

26. 7300 

36.  5463 

.  279879 

77.6 

9.  0390 

.0776 

. 82061 

+.  00030 

. 82091 

27.0941 

19.  9896 

. 321382 

73.8 

10.  5239 

.0738 

. 82165 

-.00059 

.82106 

38.  8621 

26. 1406 

.  218921 

36.3 

10.  3228 

.0389 

. 82107 

-.  00047 

.82060 

39.  4649 

24. 1511 

.  219418 

35.3 

10.  5001 

.0378 

.82173 

-.00054 

.82119 

51. 4908 

27.  4060 

.  142761 

21.  2 

8. 9446 

.0233 

. 81978 

+.  00028 

.82006 

Extrapolated  value _ 

0.  82198 

€ r _ 

±0.  00029 
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Table  2.  Data  on  carbon  dioxide — Continued 


Keciprocal  of 
rate,  F~ 1 

Mass  of  sample, 
m 

Power,  W 

Pressure  drop, 
Ap 

Temperature 
rise,  AT 

Blank  correc¬ 
tion,  ST 

Heat  capacity, 
C 

Correction  for 
Tm  and  pm. 

SC 

Heat  capacity, 

Cr  (observed) 

50.00 

C=323.16°  K;  1.50  atm 

sec  0-i 

Q 

Watt 

mm  Hg 

°  K 

°  K 

jg~l  deg~l 

jg ->  deg -> 

7 

73 

T 

9.  9533 

62.1153 

0.  865713 

201.7 

9.  7182 

0. 1035 

0. 87731 

-0.  00012 

0.  87719 

20. 5446 

32.  9410 

. 440265 

49.0 

10.  2884 

.  0260 

. 87694 

-. 00024 

.  87670 

30.  0909 

25.  6955 

. 279579 

23.4 

9.  5905 

.0124 

.  87607 

+.00010 

.87617 

41.  6754 

22. 0562 

. 198506 

12.  5 

9.  4465 

.0067 

.87513 

+.  00018 

.  87531 

Extrapolated  value _ 

0.  87779 

a _ 

±0.  00010 

1.00  atm 

10.  4374 

88.  9567 

0.  866111 

281.8 

10. 1896 

0. 1437 

0. 87484 

-0.  00037 

0. 87447 

10.  4894 

73.  2889 

. 866896 

285.0 

10.  2484 

.  1453 

.  87488 

-.  00026 

. 87462 

21.  0786 

40.  0728 

.  447243 

69.  2 

10.  7445 

.0377 

. 87434 

-.00056 

. 87378 

21.0995 

25.  2669 

. 445427 

69.4 

10.  7141 

.0379 

. 87410 

-.00054 

. 87356 

21.4479 

37.7110 

. 406496 

67.0 

9.  9321 

.  0366 

. 87459 

-.00018 

.87441 

29.  2761 

21.0018 

.  280525 

36.6 

9. 3880 

.0202 

. 87293 

+.00012 

. 87305 

29.  4729 

22.  2099 

.  280078 

36.0 

9. 4321 

.0199 

. 87333 

+.  00010 

. 87343 

36.  3511 

25.  2598 

.  226390 

24.0 

9.4134 

.  0133 

. 87300 

+.  00008 

.  87308 

37.  0996 

28. 1755 

.  234775 

23.0 

9.  9595 

.0123 

.  87347 

-.  0C016 

.  87331 

38.  3836 

27.  9002 

.  219624 

21.7 

9.  6411 

.0120 

.  87329 

+.  00001 

. 87330 

Extrapolated  value  _  __ 

0.  87515 

(7 _ 

±0.  00030 

0.50  atm 

16.  9244 

33.  9652 

0.  523830 

232.6 

10.  0336 

0. 1375 

0. 87164 

-0.  00014 

0.  87150 

22.  0871 

27.  3684 

.  402422 

131.4 

10. 1132 

.0846 

.87159 

-.  00023 

.87136 

22.  6081 

34.  2599 

.  440823 

125.  3 

11.  3464 

.0801 

. 87220 

-.00083 

.87137 

30.  2390 

34.  4856 

.  279988 

69.9 

9.  6780 

.  0465 

. 87064 

-.00001 

. 87063 

44.1108 

23.  2882 

.  216601 

33.7 

10.  9518 

.0230 

. 87058 

-.00060 

. 86998 

Extrapolated  value. 

0.  87251 

<T _ 

±0. 00012 

90.00 

°  0  =  363.16°  K;  1.50  atm 

10.  6379 

53.  2143 

0.  865605 

199.9 

10.  0164 

0. 0780 

0.  91221 

-0. 00006 

0.  91215 

10.  6711 

64.  2950 

.  866260 

197.7 

10. 0538 

.0771 

.91245 

-.  00010 

. 91235 

21.8113 

31.  5644 

.  392277 

48.9 

9.  3726 

.0191 

.91102 

+.  00028 

.91130 

22. 1309 

23.  8029 

.  396665 

47.9 

9.  6176 

.0187 

. 91099 

+.  00018 

.91117 

31.8221 

24.  2740 

. 282280 

23.6 

9. 8573 

.0092 

.  91043 

+.  00009 

. 91052 

43. 3567 

22.  2464 

.  205021 

13.5 

9.  7692 

.0053 

.  90941 

+.  00012 

.90953 

Extrapolated  value  _  _ 

0.  91310 

<T _ 

±0.  00008 

1.00  atm 

11. 1544 

60.  3069 

0. 866978 

277.7 

10.  4979 

0. 1222 

0.  91060 

-0.  00029 

0. 91031 

22.  3219 

26.  4180 

.  396304 

69.8 

9.  6914 

.0307 

.  90991 

-.00022 

. 90969 

22.  8647 

23. 1588 

.  396651 

66.7 

9.  9364 

.0294 

.  91004 

-.  00035 

.90969 

30.  6500 

25.  0064 

.  280344 

37.8 

9.  4027 

.0166 

.  90930 

-.00007 

. 90923 

31.  6170 

26.  8963 

.  279376 

35.5 

9.  6989 

.0156 

.  90926 

-.  00020 

.90906 

38.  3123 

25.  9995 

.220204 

24.3 

9.  2771 

.0107 

.90837 

+.  00030 

.90867 

38. 3154 

24.  6919 

.  220067 

24.  5 

9.  2728 

.0108 

.90826 

+.  00030 

.  90856 

40. 0074 

29.  5816 

.  219191 

22.4 

9.  6382 

.0099 

.  90891 

-.00017 

.  90874 

Extrapolated  value  __  _ 

0.  91102 

<j _ 

±0. 00009 

0.50  atm 

17. 6983 

33.  4157 

0.  523971 

232.3 

10.  0869 

0. 1171 

0.  90880 

-0.  00006 

0.  90874 

17. 8550 

72.  7266 

.  524275 

227.0 

10. 1915 

.  1144 

.  90831 

-. 00012 

.90819 

23.  6482 

24.  4505 

.  401379 

125.3 

10.  3876 

.0631 

.  90825 

-.00022 

.  90803 

31.5103 

20.  4568 

.  279808 

71.4 

9.6812 

.0360 

. 90734 

+.00011 

.90745 

44.7281 

19.  6214 

.  219747 

36.3 

10.8154 

.0183 

.  90725 

-.  00037 

.90688 

44.  8320 

29. 8347 

.  219444 

36. 1 

10.  8265 

.0182 

.90718 

-. 00037 

.90681 

Extrapolated  value  ...  . 

0. 90948 

<T _ 

±0.00019 

358/185 


i 


I 


Table  3.  Summary  of  results 


Temperature,  °C 

-30. 00 

0.  00 

+50.00 

+90.  00 

(a)  Oxygen 

Cp/R,  1.00  atm _  ... 

3.  5223 

3.  5264 

3.  5549 

(C„-1  —  C°)IR  -  _ 

0.0100 

0.  0079 

0. 0055 

C°  /R,  observed 

3.  5123 

3.  5185 

3. 5494 

C°  /R,  spectroscopic 

*3.  5112 

3.  5207 

3.  5499 

Percentage  difference,  observed- 

spectroscopic _  _ 

+0.03 

-0.  06 

-0.01 

(b)  Carbon  dioxide 

Cp/R,  1.50  atm _ 

4.  2739 

4.4028 

4.6463 

4.  8332 

1.00  atm _ 

4.  2306 

4. 3752 

4.  6324 

4.  8222 

0.50  atm...  _ 

4.1902 

4.  3509 

4.  6184 

4.8141 

C°JR,  observed _ 

4.148 

4.  324 

4.604 

4.804 

CpR,  spectroscopic: 

Benedict  [24] -  - 

4.148 

4.  325 

4.600 

4.800 

Wagman  [25] ...  .  _ 

4.  600 

4.  799 

Percentage  difference,  observed- 

spectroscopic... . 

0.00 

-0.  02 

+0.  09 

+0.08 

A(Cp/R)l&p,  atm-i__ . 

.0837 

.0519 

.0279 

.0192 

a  Corrected  for  presence  of  0.2%  of  nitrogen. 


of  CP/R  at  1  atm  obtained  by  those  authors  were 
0.13,  0.04,  and  0.08  percent  higher  than  values  ob¬ 
tained  by  interpolation  in  the  present  experimental 
results,  at  the  three  temperatures  of  their  experi¬ 
ments:  26.9°,  58.7°,  and  94.56°  C. 

The  results  at  each  temperature  were  extrapolated 
linearly  to  zero  pressure  to  obtain  the  values  of 
( C°/R ,  observed)  listed  in  table  3  (b).  These  values 
were  first  compared  with  the  most  recently  published 
theoretical  ones  [8,  23]  and  found  to  be  0.2  to  0.3 
percent  higher.  Recalculation  of  the  theoretical 
values  was  made  by  W.  S.  Benedict  and  indepen- 
dentally  checked  by  H.  W.  Woolley  [24],  The 
results  are  shown  in  table  2  on  the  line  labeled 
“Benedict”.  Two  values  interpolated  in  the  Nation¬ 
al  Bureau  of  Standards  tables  of  “Selected  values  of 
chemical  thermodynamic  properties”  [25],  which 
were  recalculated  by  Wagman  from  the  older  cal¬ 
culations  of  Kassel  [9],  are  also  given. 

A  consideration  of  the  possible  errors  of  the  various 
measurements  involved  in  these  heat-capacity  deter¬ 
minations,  as  well  as  the  precision  of  the  results,  and 
the  agreement  of  the  observed  and  calculated  heat 
capacities  of  oxygen,  leads  to  the  conclusion  that  the 
error  in  the  final  values  of  CP/R  at  each  pressure 
should  not  exceed  0.1  percent.  The  extrapolated 
values  of  C °P/R  should  therefore  be  reliable  to  0.15 
percent. 

5.3.  Equation  of  State  of  Carbon  Dioxide 

It  is  assumed  here  that  in  the  low-pressure  region 
covered  by  these  experiments  the  equation  of  state 
of  carbon  dioxide  is  of  the  form 

pV=RT+Bp,  (2) 


where  B  is  a  function  of  the  temperature.  The 
thermodynamic  relation 


must  be  satisfied  by  the  second  derivative  of  the 
second  virial  coefficient,  B.  The  values  of  the  change 
in  heat  capacity  with  pressure,  obtained  in  this  re¬ 
search,  are  given  in  the  last  line  of  table  3  and  plotted 
as  circles  in  figure  5.  Also  in  figure  5  are  shown 
curves  representing  the  right-hand  side  of  eq  3  ob¬ 
tained  from  (1)  the  recent  pVT  isotherms  of  Mac- 
Cormack  and  Schneider  [13];  (2)  the  Berthelot  equa¬ 
tion,  using  the  critical  constants  of  Meyers  and 
Van  Dusen  126] ;  and  (3)  the  Lennard-Jones  potential 
function  [27,  28].  The  dashed  curve  affords  a  com¬ 
parison  with  other  experimental  work  through  the 
equation 


where  the  values  of  the  Joule-Thomson  coefficient 
p,  and  its  derivative  were  obtained  by  interpolation 
in  the  tables  of  Roebuck,  Murrell,  and  Miller  [29]. 

A  simple  calculation  shows  that  the  quantity  given 
by  eq  3  is  approximately  1  percent  of  the  heat  capac¬ 
ity  and  also  1  percent  of  the  values  of  the  second 
virial  coefficient,,  in  the  region  covered  by  this  in¬ 
vestigation.  Therefore,  if  second  virial  coefficients 
could  be  determined  to  the  same  percentage  accuracy 
as  the  heat  capacities,  the  values  of  d(CP/R)  /bp 
calculated  from  the  right-hand  side  of  eq  3  would  be 
about  half  as  accurate  (because  of  two  differentia¬ 
tions)  as  those  obtained  from  direct  heat-capacity 


Figure  5.  Change  of  heat  capacity  of  carbon  dioxide  with 
pressure  as  a  function  of  temperature. 

O.  This  research; - ,  MacCormack  and  Schneider  [13]; - — ,  Joule-Thom- 

son-Roebuck,  Murrell  and  Miller  [18]; - ,  Berthelot;  - — ,  Lennard- 

Jones  6-12  potential  function. 
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measurements.  However,  the  limit  of  error  gen¬ 
erally  to  be  expected  from  good  pVT  measurements, 
and  that  given  by  MacCormack  and  Schneider  for 
their  work  [7],  is  about  0.5  percent  of  the  value  of 
B  in  this  region.  As  the  heat-capacity  measurements 
are  thought  to  be  good  to  0.1  percent,  the  values  of 
d(Cp/R)/dp  obtained  in  this  research  are  about  an 
order  of  magnitude  more  accurate  than  those  cal¬ 
culated  from  second  virial  coefficients. 

The  comparisons  made  in  figure  5  show  that  the 
Lennard-Jones  function  cannot  be  used  successfully 
to  calculate  the  equation  of  state  of  carbon  dioxide. 
An  attempt  was  made  to  fit  new  Lennard-Jones 
constants  to  the  results  of  this  research,  but  un¬ 
reasonable  values  (b0= 25  cm3  mole-1  and  e/£  =  550°K) 
were  obtained.  The  difficulties  presented  by  ellip¬ 
soidal  molecules  such  as  carbon  dioxide  have  been 
mentioned  by  others  [28]. 

The  data  of  state  of  MacCormack  and  Schneider 
are  evidently  adequate  to  give  good  second  deriva¬ 
tives  of  the  second  virial,  as  shown  by  figure  5. 
Other  empirical  equations,  such  as  van  der  Waals’ 
and  the  Beattie-Bridgeman  equation,  give  curves 
similar  to  the  Berthelot  equation. 


The  authors  are  grateful  for  the  valuable  help  and 
encouragement  freely  given  by  Russell  B.  Scott. 
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Precise  Measurement  of  Heat  of  Combustion 
With  a  Bomb  Calorimeter 1 


R.  S.  Jessup 


This_  Monograph  gives  detailed  descriptions  of  apparatus  and  methods  which  are  used 
at  the  National  Bureau  of  Standards  for  precise  determinations  of  heats  of  combustion 
of  liquid  hydrocarbon  fuels.  Numerical  examples  are  given  of  methods  of  calculating 
results  of  measurements  from  observed  data.  The  technique  of  making  and  filling  glass 
bulbs  to  contain  samples  of  volatile  liquid  fuels  is  described. 

The  accuracy  of  the  methods  described  is  about  0.1  percent.  This  is  intermediate 
between  the  accuracy  of  0.01  or  0.02  percent  attained  in  certain  measurements  on  pure 
compounds,  and  the  accuracy  of  several  tenths  of  one  percent  obtainable  with  published 
standard  procedures  for  measurements  on  fuels. 


1.  Introduction 


Standard  methods  of  moderate  precision  for 
bomb-calorimetric  measurement  of  heats  of  com¬ 
bustion  of  solid  and  liquid  fuels  are  published  by 
the  American  Society  for  Testing  Materials  [1,2]. 2 
These  methods  can  be  used  to  measure  heat  of 
combustion  with  an  accuracy  of  several  tenths 
of  one  percent.  Apparatus  and  methods  for 
measurements  of  heat  of  combustion  with  an 
accuracy  of  0.01  or  0.02  percent  have  been 
described  in  the  literature  [3].  The  attainment 
of  such  accuracy  involves  the  use  of  rather 
laborious  and  time-consuming  procedures.  In 
some  applications  of  fuels  the  heat  of  combustion 
is  required  with  an  accuracy  of  approximately  0.1 
percent,  which  is  probably  not  attainable  with  the 
standard  methods  referred  to  [1,  2],  but  can  be 
attained  with  less  expenditure  of  time  and  effort 
than  is  required  in  the  most  precise  measurements. 

This  Monograph  describes  methods  and  appara¬ 
tus  used  at  the  National  Bureau  of  Standards  in 
connection  with  several  series  of  investigations  of 
heats  of  combustion  of  aircraft  fuels  [4,  5,  6,  7], 
The  restrictions  of  the  treatment  to  a  particular 
set  of  apparatus,  and  a  particular  experimental 
procedure  involves  some  loss  of  generality,  but 
this  is  not  believed  to  be  serious.  Most  precise 
measurements  of  heats  of  combustion  of  materials 
containing  essentially  only  the  elements  carbon, 
hydrogen,  nitrogen,  and  oxygen  have  been  made  in 
apparatus  of  similar  design,  to  which  the  same 
procedures  are  applicable.  Descriptions  of  other 
equally  satisfactory  apparatus  for  this  purpose 
will  be  found  in  reference  [3]  and  the  references 
there  cited.  There  will  also  be  found  in  some 
of  these  references  descriptions  of  apparatus  and 
procedures  suitable  for  measurements  on  materials 
containing  considerable  amounts  of  such  elements 
as  sulfur  and  halogens.  The  apparatus  and 
methods  described  in  this  Monograph  are  not 
suitable  for  measurements  on  such  materials. 

Although  the  apparatus  described  in  this 
Monograph  is  suitable  for  measurement  of  heat 


■  The  preparation  of  this  Monograph  was  supported  in  part  by  the  Air 
Force  Ballistic  Missiles  Division,  Air  Research  and  Development  Com¬ 
mand,  U.S.  Air  Force. 

2  Figures  in  brackets  indicate  the  literature  references  on  page  16. 


of  combustion  with  an  accuracy  of  0.01  or  0.02 
percent,  the  procedure  in  measurements  on  fuels  is 
such  that  a  considerable  saving  in  time  was 
achieved  at  the  cost  of  a  somewhat  lower  precision. 
This  lower  precision  resulted  from  several  factors 
as  follows: 

(1)  As  a  rule  only  two  experiments  were  made 
on  each  fuel,  as  compared  with  six  or  more  experi¬ 
ments  where  the  highest  possible  accuracy  is 
desired;  (2)  an  approximate  method  was  used  to 
obtain  the  corrected  temperature  rise  of  the  calo¬ 
rimeter,  i.e.,  the  temperature  rise  corrected  for  heat 
of  stirring  and  heat  transfer  between  calorimeter 
and  surroundings;  (3)  because  some  liquid  fuels 
are  quite  volatile  there  may  be  an  appreciable  loss 
of  lighter  components  in  handling.  In  spite  of 
these  effects  the  results  of  measurements  even  on 
the  most  volatile  fuels  (gasolines)  are,  in  general, 
precise  to  about  0.05  percent.  The  results  contain 
a  nearly  constant  systematic  error  of  approxi¬ 
mately  0.03  percent  (for  hydrocarbon  fuels)  due 
to  neglect  of  the  Washburn  correction  [18]  which 
takes  account  of  the  difference  between  heats  of 
combustion  in  oxygen  under  a  pressure  of  about 
30  atm  and  at  a  pressure  of  1  atm. 

(If  desired,  this  error  can  be  approximately  cor¬ 
rected,  in  the  case  of  hydrocarbon  fuels  only,  by 
reducing  the  observed  heat  of  combustion  by  0.03 
percent.) 

In  other  respects  the  methods  described  are 
applicable  in  measurements  of  the  highest  preci¬ 
sion,  and  may  serve  as  a  useful  guide  to  persons 
interested  in  such  measurements. 

1.1.  Definitions  of  Terms 

a.  Heat  Units 

The  heat  units  used  in  connection  with  measure¬ 
ments  of  heats  of  combustion  of  fuels  are  the  IT 
calorie 3  and  the  Btu.  These  units  are  here 
defined  as  follows: 


3  IT  calorie  is  an  abbreviation  for  International  Steam  Tables  calorie. 
This  calorie  was  adopted  by  the  International  Steam  Table  Conference 
held  in  London  in  July  1929  [12],  and  is  in  fairly  general  use  in  engineering 
practice  both  in  this  country  and  abroad. 
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1  IT  calorie=4.1868  absolute  joules 
1  Btu=  1055.07  absolute  joules. 

The  definition  of  the  Btu  was  obtained  from  that 
of  the  IT  calorie  by  means  of  the  relations 

1  pound  (avoirdupois)  =  453.5924  grams 
1  IT  calorie  per  gram  =1.8  Btu  per  pound. 

b.  Heats  of  Combustion 

The  quantity  directly  measured  in  a  bomb- 
calorimetric  experiment  is  generally  referred  to 
as  the  “total  (or  gross)  heat  of  combustion  at  con¬ 
stant  volume”;  this  quantity  is  represented  by  the 
symbol  0„  (gross)  in  this  Monograph.  A  precise 
definition  of  this  term  requires  a  specification  of 
the  initial  states  of  the  reactants  (oxygen  and  fuel) 
and  of  the  final  states  of  the  products  of  combus¬ 
tion.  For  most  purposes  the  following  definition 
is  sufficient:  The  total  (or  gross )  heat  of  combustion 
at  constant  volume  of  a  liquid  or  solid  fuel  containing 
only  the  elements  carbon ,  hydrogen ,  oxygen,  nitrogen 
and  sulfur  is  the  quantity  of  heat  liberated  when  unit 
weight  of  the  fuel  is  burned  in  oxygen  in  an  enclosure 
of  constant  volume,  the  'products  of  combustion  being 


gaseous  C02,  N2,  and  S02  and  liquid  H20,  with  the 
initial  temperature  of  fuel  and  oxygen  and  the  dual 
temperature  of  the  products  of  combustion  at  25°  C. 

Although  the  total  heat  of  combustion  is  the 
quantity  directly  measured  in  a  bomb-calorimetric 
experiment,  the  quantity  required  in  many  prac¬ 
tical  applications  is  the  “net  heat  of  combustion 
at  constant  pressure.”  This  quantity  is  desig¬ 
nated  by  the  symbol  Qp  (net),  and  may  be  defined 
as  follows:  The  net  heat  of  combustion  at  constant 
pressure  of  a  liquid  or  solid  fuel  containing  only  the 
elements  carbon,  hydrogen,  oxygen,  nitrogen,  and 
sulfur  is  the  quantity  of  heat  liberated  when  unit 
weight  of  the  fuel  is  burned  in  oxygen  (or  air)  at  a 
constant  pressure  of  one  atmosphere,  the  products  of 
combustion  being  C02,  N2,  S02,  and  H20,  all  in  the 
gaseous  state ,  with  the  initial  temperature  of  fuel  and 
oxygen  and  the  dual  temperature  of  products  of 
combustion  at  25°  C. 

For  the  most  fuels  to  which  these  definitions 
apply  the  elements  oxygen,  nitrogen,  and  sulfur 
will  be  minor  constituents  if  present  at  all.  The 
methods  described  in  this  Monograph  are  not 
suitable  for  accurate  measurements  on  materials 
containing  more  than  about  2  percent  sulfur. 


2.  General  Discussion  of  Bomb-Calorimetric  Measurements 


A  bomb  calorimeter  consists  essentially  of  a 
calorimeter  vessel  containing  a  measured  amount 
of  water,  in  which  are  immersed  (1)  a  thermometer 
for  measuring  the  temperature  of  the  water,  (2)  a 
stirring  device  for  maintaining  the  water  at  a 
uniform,  and  therefore  definitely  measurable 
temperature,  and  (3)  a  “bomb”  of  constant  volume 
in  which  combustible  materials  can  be  burned  in 
oxygen  under  pressure.  In  order  to  control  heat 
transfer  between  the  calorimeter  and  its  environ¬ 
ment  (“thermal  leakage”)  the  calorimeter  vessel 
is  enclosed  by  a  “jacket”  which  is  separated  from 
the  vessel  by  an  air  space  about  1  cm  thick,  and 
which  for  a  majority  of  precise  calorimeters,  is 
kept  at  constant  temperature  by  means  of  a 
thermostat. 

A  schematic  diagram  of  a  bomb  calorimeter  and 
its  jacket  is  shown  in  figure  1.  The  calorimeter 
vessel  is  made  in  the  form  shown  in  order  to 
facilitate  stirring  of  the  calorimetric  liquid.  The 
effectiveness  of  a  screw  propeller  stirrer  is  greatly 
increased  by  enclosing  it  in.  a  tube  which  extends 
from  near  the  top  to  near  the  bottom  of  the 
calorimeter  vessel.  Putting  the  tube  outside  of 
the  main  part  of  the  calorimeter  vessel,  as  shown 
in  figure  1(b),  reduces  the  total  volume  of  the 
calorimeter  necessary  for  a  bomb  of  given  size. 

In  principle,  a  measurement  of  the  heat  of 
combustion  of  a  given  material  consists  in  com¬ 
paring  the  corrected  temperature  rise  of  the 
calorimeter  in  an  experiment  in  which  a  known 
quantity  of  energy  is  supplied  to  it,  with  that 
produced  in  another  experiment  by  combustion 

2 


(a) 


Figure  1.  Schematic  diagram  of  a  bomb  calorimeter. 

(a)  Assembled  calorimeter  with  jacket:  B,  bomb;  C,  calorimeter  vessel; 
J,  jacket  wall;  P,  resistance  thermometer;  FL,  fixing  leads;  CS,  calorimeter 
stirrer;  JS,  jacket  stirrer;  TV,  tube  to  thermostat  valve;  H,  jacket  heater; 
TB,  thermostat  bulb;  and  TH,  tubular  housing,  (b)  Top  view  of  calorimeter 
vessel  OL,  opening  for  firing  lead;  and  OT,  opening  for  thermometer,  (c) 
Firing  lead  through  jacket  T,  tube;  R,  rod;  and  W,  washers,  (d)  Firing  lead 
to  calorimeter  vessel  CL,  clip. 

in  the  bomb  of  a  weighed  sample  of  the  given 
material.  The  temperature  rise  in  both  experi¬ 
ments  should  be  as  nearly  as  possible  over  the  same 
temperature  range  from  a  standard  initial  tem¬ 
perature  to  a  standard  final  temperature.  This 
method  of  using  the  corrected  temperature  rise 
of  the  calorimeter  to  compare  an  unknown  with  a 
known  quantity  of  energy  eliminates  some  of  the 
systematic  errors  of  calorimetric  measurements, 
in  particular  those  associated  with  uncertainty 
as  to  tho  ^xact  location  of  the  boundarv  of  the 
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calorimeter,  and  those  associated  with  various 
kinds  of  lag,  by  virtue  of  which  different  parts 
of  the  calorimeter  are  at  different  temperatures 
when  the  temperature  is  changing. 

Experiments  to  determine  the  corrected  tem¬ 
perature  rise  of  the  calorimeter  when  a  known 
quantity  of  energy  is  supplied  to  it  are  generally 
called  calibration  experiments,  and  the  mean 
result  of  a  series  of  such  experiments  expressed  as 
energy  supplied  per  unit  of  corrected  temperature 
rise  is  called  the  “energy  equivalent”  of  the 
calorimeter.  The  product  of  the  energy  equiva¬ 
lent  and  the  corrected  temperature  rise  of  the 
calorimeter  in  an  experiment  in  which  a  material 
of  unknown  heat  of  combustion  is  burned  in  the 
bomb  gives  the  energy  liberated  in  the  combus¬ 
tion  reaction  plus  any  side  reactions  which  may 
occur. 

Calibration  experiments  are  conveniently  carried 
out  by  burning  in  the  bomb  weighed  samples  of  a 
standard  material,  such  as  benzoic  acid  (NBS 
Standard  Sample  39),  the  heat  of  combustion  of 
which  is  accurately  known.  If  the  calorimeter  is 


to  be  used  for  measurements  of  heats  of  combus¬ 
tion  of  volatile  liquids,  such  as  gasolines,  it  is  de¬ 
sirable  to  supplement  the  calibration  experiments 
with  benzoic  acid  by  making  a  series  of  measure¬ 
ments  on  NBS  Standard  Sample  217  of  2,2.4- 
trimethylpentane,  which  is  a  volatile  liquid  with  a 
certified  value  for  its  heat  of  combustion.  The 
difference  between  the  measured  and  certified 
values  of  heat  of  combustion  will  give  an  overall 
check  on  the  accuracy  of  the  measurements,  and  in 
particular,  on  the  effectiveness  of  precautions 
taken  to  eliminate  effects  of  volatility. 

Since  a  measurement  of  heat  of  combustion  in¬ 
volves  the  comparison  of  two  nearly  equal  changes 
in  temperature  covering  the  range  from  a  standard 
initial  temperature  to  a  standard  final  temperature, 
the  temperature  scale  used  in  the  measurement  is 
not  important.  Thus  temperatures  can  be  ex¬ 
pressed  in  terms  of  the  resistance  in  ohms  of  a 
given  platinum  resistance  thermometer  with  the 
energy  equivalent  of  the  calorimeter  in  calories 
per  ohm,  or  in  Celsius  degrees  with  the  energy 
equivalent  in  calories  per  degree. 


3.  Factors  Affecting  Accuracy  in  Bomb-Calorimetric  Measurements 


The  overall  error  in  the  result  of  a  bomb- 
calorimetric  measurement  is  the  algebraic  sum  of 
individual  errors  contributed  by  various  factors. 
Some  of  the  individual  errors  may  be  positive  and 
others  negative,  so  that  to  some  extent  they  may 
be  expected  to  cancel.  However,  the  extent  to 
which  cancellation  may  take  place  is  uncertain, 
and  may  vary  from  one  experiment  to  another,  so 
that  the  percentage  contribution  of  each  individual 
error  should  be  kept  well  below  the  permissible 
overall  error  of  the  determination.  In  the  present 
Monograph  the  permissible  difference  between  dup¬ 
licate  determinations  is  taken  as  0.05  percent.  In 
order  to  attain  this  precision,  the  error  contributed 
by  each  of  the  various  independent  factors  should 
be  kept  below  0.01  percent  so  far  as  possible. 

The  factors  which  may  affect  the  accuracy  of  a 
bomb-calorimetric  determination  may  be  divided 
rouglilv  into  two  classes,  (1)  side  reactions  which 
may  take  place  in  the  bomb,  the  effect  of  which 
cannot  be  readily  evaluated,  and  (2)  the  experi¬ 
mental  techniques  used  in  making  the  various 
individual  measurements.  These  two  classes  of 
factors  are  discussed  in  sections  3.1  and  3.2, 
respectively. 

3.1.  Undesirable  Side  Reactions 

These  include  (a)  formation  of  carbon  monoxide, 
carbon,  or  other  products  of  incomplete  combus¬ 
tion  of  the  samples;  (b)  oxidation  of  the  crucible 
in  which  combustion  of  the  fuel  sample  takes  place, 
or  oxidation  of  other  parts  of  bomb  or  fittings; 
(c)  reaction  of  acids  formed  in  combustion  with 
the  material  of  the  bomb;  (d)  oxidation  of  com¬ 


bustible  impurities  such  as  hydrogen  or  hydro¬ 
carbon  gases  in  the  oxygen  used. 

a.  Incomplete  Combustion 

In  tests  of  volatile  liquid  fuels  which  must  be 
enclosed  in  glass  bulbs  to  prevent  loss  by  evapora¬ 
tion,  incomplete  combustion  sometimes  occurs  as 
a  result  of  breakage  of  the  bulb  before  ignition  of 
the  sample.  In  such  cases  large  amounts  of 
carbon  will  usually  be  formed,  and  the  results 
of  such  tests  should  be  discarded.  Normally  a 
bulb  containing  a  volatile  liquid  sample  does  not 
break  before  ignition  of  the  sample,  and  in  such 
cases  there  is  generally  little  or  no  evidence  of 
incomplete  combustion.  It  occasionally  happens 
that  globules  of  glass  remaining  in  the  crucible 
after  combustion  are  gray  or  black  in  color.  This 
may  be  due  to  metal  oxides  formed  in  combustion 
of  the  fuse  wire,  or  to  inclusion  of  a  small  amount 
of  carbon  in  the  glass  while  it  is  molten.  De¬ 
terminations  of  carbon  dioxide  in  the  products  of 
combustion  of  pure  liquid  hydrocarbons  which 
were  enclosed  in  soft  glass  bulbs  indicate  that  the 
amount  of  carbon  in  such  glass  globules  does  not 
exceed  0.01  percent  of  the  carbon  in  the  sample. 

Incomplete  combustion  of  solid  materials,  such 
as  benzoic  acid,  is  very  likely  to  occur  if  these 
materials  are  placed  in  the  crucible  in  powdered 
form.  For  this  reason,  such  materials  should  be 
compressed  into  pellets.  For  samples  of  non¬ 
volatile  liquid  fuels  which  are  not  enclosed  in 
glass  bulbs,  and  for  pelleted  samples  of  benzoic 
acid,  incomplete  combustion  almost  never  occurs 
in  apparatus  such  as  that  described  in  the 
appendix. 
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b.  Oxidation  of  Crucible  and  Fittings 

Oxidation  of  the  crucible  and  its  support  and 
other  fittings  exposed  to  the  direct  action  of  the 
flame  can  be  avoided  by  using  platinum  crucibles 
and  fittings  (see  appendix). 

c.  Reaction  of  Acids  with  Bomb  Material 

Reaction  of  acids  formed  in  combustion  with 
the  material  of  the  bomb  can  be  made  negligible 
by  the  use  of  suitable  corrosion-resistant  material 
for  the  bomb.  The  bomb  described  in  the  ap¬ 
pendix  has  been  found  satisfactory  in  this  respect. 
Bombs  provided  with  gold  or  platinum  linings 
have  also  been  found  to  be  satisfactory. 

d.  Combustible  Impurities  in  Oxygen 

'Combustible  impurities  in  the  oxygen  used  may 
introduce  very  serious  errors  into  the  results  of 
bomb-calorimetric  measurements.  Oxygen  pre¬ 
pared  by  electrolysis  of  water  may  contain  enough 
hydrogen  to  cause  errors  of  1  percent  or  more. 
The  possibility  of  error  from  this  source  is  elimi¬ 
nated  by  passing  the  oxygen  over  copper  oxide 
at  500°  C  before  admitting  it  to  the  bomb  (see 
appendix). 

3.2.  Experimental  Techniques  of  Individual 
Measurements 

The  most  important  of  the  individual  measure¬ 
ments  which  go  to  make  up  a  bomb  calorimetric 
determination  include  measurements  of  (a)  the 
weight  of  the  sample  of  combustible ;  (b)  the 
weight  of  the  calorimeter  plus  water;  and  (c)  the 
temperature  rise  of  the  calorimeter,  including 
correction  for  thermal  leakage  and  heat  of  stirring. 
A  given  percentage  error  in  any  one  of  these 
measurements  introduces  an  equal  percentage 
error  into  the  final  result  of  the  experiment.  Other 
individual  measurements  which  determine  rela¬ 
tively  small  correction  terms  and  which  can  be 
easily  made  with  the  necessary  precision  include 
measurements  of  (d)  the  quantity  of  energy  used 
to  fire  the  charge  of  combustible;  (e)  the  amounts 
of  oxygen  and  other  materials  in  the  bomb;  and 
(f)  the  amounts  of  nitric  and  sulfuric  acid  formed 
in  the  combustion  reaction. 

a.  Weight  of  Sample  of  Combustible 

The  sample  of  combustible  (0.8  to  1.5  g)  is 
weighed  with  a  precision  of  about  0.02  mg  using 
an  undamped  semimicro  balance  with  a  keyboard 
arrangement  for  adding  and  removing  the  smaller 
weights  (see  appendix).  Calibrated  high  grade 
(class  M)  weights  are  used,  and  the  corrections 
to  the  weights  given  on  the  calibration  certificate 
are  applied  in  determining  the  weight  of  the 


sample.  If  weighings  are  made  in  the  ordinary 
manner  with  weights  and  object  weighed  on 
opposite  pans  of  the  balance,  the  balance  should 
be  tested  to  determine  whether  the  balance  arms 
are  of  equal  length.  If  the  arms  are  found  to 
differ  in  length  by  a  significant  amount  a  correction 
for  this  difference  will  be  necessary. 

The  necessity  for  such  a  correction  can  be 
eliminated  by  using  the  method  of  weighing  by 
substitution.  This  consists  in  placing  on  the  left- 
hand  pan  a  fixed  weight  or  “tare,”  somewhat 
greater  in  weight  than  the  heaviest  object  to  be 
weighed,  then  placing  the  object  to  be 
weighed  on  the  right-hand  pan  together  with 
sufficient  weights,  including  rider  adjustment,  to 
balance  against  the  tare.  The  object  being 
weighed  is  then  removed  and  weights  and  rider 
again  adjusted  to  obtain  balance.  The  difference 
in  the 'weights  required  in  the  two  cases  is  the 
desired  weight  of  the  object.  In  addition  to 
eliminating  the  effect  of  any  difference  in  length 
of  the  balance  arms,  this  method  also  eliminates 
any  change  in  sensitivity  with  load,  since  the  load 
is  constant.  The  following  description  of  the 
procedure  is  for  this  method  of  weighing  by 
substitution. 

Each  half  of  the  balance  beam  from  the  center 
knife  edge  to  the  outer  knife  edge  is  graduated  in 
100  equal  divisions,  so  that  if  a  1  mg  rider  were 
used  a  change  in  position  of  the  rider  by  one 
division  on  the  scale  would  correspond  to  a  change 
in  weight  of  0.01  mg.  However,  it  may  be  incon¬ 
venient  to  use  such  a  small  rider  because  of  the 
likelihood  of  its  being  deformed  or  lost.  Instead, 
a  1 0  mg  rider  may  be  used  so  that  one  division  on 
the  scale  corresponds  to  0.1  mg  in  weight,  and 
hundredths  of  a  milligram  obtained  from  the 
deflection  of  the  pointer,  as  described  below. 

Weighings  are  normally  made  with  the  weights 
to  the  nearest  milligram  on  the  right-hand  pan  of 
the  balance,  and  the  10  mg  rider  so  placed  (be¬ 
tween  0  and  +10  divisions  on  the  beam  scale) 
that  the  tare  weight  on  the  left-hand  pan  is 
balanced  to  the  nearest  0.1  mg.  The  equilibrium 
position  of  the  pointer  with  reference  to  the  zero 
of  the  index  scale  is  then  determined  by  observing 
the  turning  points  of  the  pointer  in  an  odd  number 
of  swings  (3  or  5). 

The  procedure  in  using  the  balance  will  be 
illustrated  by  an  example  of  the  weighing  of  a 
sample  of  benzoic  acid.  All  weighings  are  made 
after  time  has  been  allowed  for  temperature 
equilibrium  to  be  established,  and  for  air  currents 
set  up  when  the  balance  case  was  open  to  die  out. 
To  determine  when  equilibrium  has  been  estab¬ 
lished,  the  apparent  weight  is  observed  from  time 
to  time  until  no  change  has  been  observed  during 
a  period  of  about  10  min. 

The  following  observations  were  made  in  deter¬ 
mining  the  weight  of  a  pellet  of  benzoic  acid,  the 
first  set  of  observations  were  made  with  the  empty 
crucible,  and  the  second  with  the  crucible  con¬ 
taining  the  pellet: 
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Crucible  empty : 

Weights _  12.  493  g 

Rider _  0.  0002 

Pointer  deflection  X2,  —  0.55X0. 07X  10— 3_  —  .00004 


Turning  points  of  swings: 
-2.6  2.0 
-2.  5 


Total  weights _  12.  49316 

Crucible  plus  pellet: 

Weights _  10.  971 

Rider _  0.  0003 

Pointer  deflection  X2,  0.45X0.07  X  10  — 3 _  .  00003 


-2.55  2.0 

2  X  pointer  deflection  = —0.55 

Turning  points  of  swings: 

-2.  3  2.  6 

-2.  0 


Total  weights _ 

Observed  wreight  of  pellet. 

Weight  correction  a _ 

Corrected  weight  of  pellet 


10.  97133 

1.  52183 
+  .  00005 
1.  52188 


-2.  15  2.  6 

2Xpointer  deflection= +0.45 


*  The  weight  correction  is  the  algebraic  sum  of  the  certificate  corrections  to  the  individual  weights  used  with  the 
empty  crucible  minus  the  algebraic  sum  of  the  corrections  to  the  weights  used  with  crucible  plus  pellet. 


In  the  above  example  the  weight  corresponding 
to  the  pointer  deflection  from  the  zero  of  the 
index  scale  was  obtained  by  multiplying  twice 
the  average  deflection  (in  divisions  on  the  scale) 
by  one-half  of  the  sensitivity  reciprocal  of  the 
balance,  in  this  case  0.07=1/2X0.14  mg  per  scale 
division.  (The  same  result  would  be  obtained,  of 
course,  if  the  average  deflection  were  multiplied  by 
the  sensitivity  reciprocal,  e.g.,  for  the  first  weigh¬ 
ing  of  the  above  example  the  average  pointer 
deflection  =  —0.28  and  —0.28X0.14= —0.04  mg). 

The  same  procedure  is  followed,  for  example, 
in  weighing  a  sample  of  a  volatile  liquid  which 
must  be  enclosed  in  a  glass  bulb  to  prevent  loss 
by  evaporation,  except  in  this  case  it  is  not  nec¬ 
essary  to  include  the  crucible  in  either  weighing. 
The  empty  bulb  is  first  weighed  against  the  tare, 
and  then  the  filled  bulb  together  with  glass  re¬ 
moved  in  sealing  is  weighed  against  the  tare.  It 
should  be  emphasized  that  the  balancing  weight 
against  the  tare  with  only  the  weights  on  the  right- 
hand  pan  should  be  determined  in  weighing  both 
the  empty  bulb  and  the  filled  bulb.  The  use  of  a 
fixed  value  for  the  balancing  weight  against  the 
tare  with  only  the  weights  on  the  right-hand  pan 
would  introduce  errors  if  the  rest  point  of  the  bal¬ 
ance  changes  between  the  times  of  weighing  the 
empty  and  filled  bulbs.  This  is  likely  to  occur  if  a 
considerable  length  of  time  elapses  between  the 
weighings  with  the  bulb  empty  and  filled.  The  use 
of  a  fixed  value  for  the  balancing  weight  with  the 
empty  crucible  on  the  right-hand  pan  is  ruled  out 
by  the  fact  that  the  crucible  is  subject  to  changes 
in  weight  in  use. 

b.  Weight  of  Calorimeter  Plus  Water 

The  calorimeter  plus  water  (3,700  g  total 
weight)4  is  weighed  on  a  magnetically  damped 
balance  having  a  capacity  of  5  kg  and  a  sensitivity 
of  0.5  mg  (see  appendix).  The  procedure  in  this 
weighing  is  as  follows:  The  calorimeter  is  filled 
with  approximately  the  desired  quantity  of  water, 
the  temperature  of  which  is  adjusted  to  a  value 
such  that  after  assembly  of  the  calorimeter  its 
temperature  will  be  a  "few  tenths  of  a  degree 

4  The  weight  should  correspond  to  an  amount  of  water  in  the  calorimeter 
such  that  when  the  bomb  is  immersed  in  the  water  the  calorimeter  cover 
can  be  put  in  place  with  its  lower  side  in  contact  with  the  water. 


below  the  desired  initial  temperature  in  the 
experiment.  The  choice  of  the  temperature  to 
which  the  water  is  to  be  brought  before  weighing 
will  depend  upon  a  number  of  factors,  including 
room  temperature,  the  desired  initial  temperature 
in  the  calorimetric  experiment,  and  the  relative 
heat  capacities  of  calorimeter  vessel,  water,  and 
bomb.  No  definite  rule  can  be  given  for  this 
choice,  but  the  operator  will  learn  by  experience 
how  to  select  the  proper  temperature  under  the 
conditions  of  his  particular  laboratory  and  ap¬ 
paratus. 

After  adjustment  of  the  temperature  the  calo¬ 
rimeter  is  placed  on  one  pan  of  the  balance  with 
the  desired  weights  (see  footnote  4)  on  the  other. 
The  amount  of  water  in  the  calorimeter  is  adjusted 
so  that  the  total  weight  of  calorimeter  plus  water 
exceeds  slightly  that  of  the  weights  on  the  opposite 
balance  pan,  and  the  balance  case  is  closed. 
Because  of  evaporation  of  water  the  weight  of 
calorimeter  plus  water  decreases  slowly,  and  the 
pointer  on  the  balance  gradually  moves  toward 
the  zero  of  the  index  scale.  When  the  pointer 
reaches  the  scale  zero  the  balance  beam  is  arrested, 
the  case  is  opened,  and  the  calorimeter  is  removed 
from  the  balance  and  placed  in  position  in  its 
jacket  preparatory  to  making  a  calorimetric 
experiment. 

It  is  not  feasible  in  weighing  the  calorimeter  to 
wait  for  it  to  come  to  temperature  equilibrium 
with  the  air,  partly  because  this  would  require  a 
very  long  time  and  partly  because  the  desired 
initial  temperature  in  the  calorimetric  experiment 
will  usually  differ  from  room  temperature.  Any 
difference  in  temperature  between  calorimeter 
and  the  air  in  the  balance  case  will  cause  con¬ 
vection  currents  which  will  affect  the  observed 
weight.  The  effect  of  this  will  partially  cancel 
if  the  difference  between  the  temperature  of  calo¬ 
rimeter  and  the  air  in  the  balance  case  when  the 
calorimeter  is  weighed  is  the  same  in  all  experi¬ 
ments,  including  both  calibration  experiments  and 
measurements  of  heat  of  combustion. 

The  change  in  weight  of  the  water  in  the 
calorimeter  due  to  evaporation  after  weighing  will 
affect  the  energy  equivalent  of  the  calorimeter, 
but  the  effect  of  this  is  small  and  will  cancel  if  the 
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procedure  in  placing  the  calorimeter  in  its  jacket 
and  completing  the  assembly  of  the  system  is 
carried  out  in  the  same  manner  and  in  the  same 
length  of  time  in  the  calibration  experiments  as 
in  measurements  of  heat  of  combustion. 

In  addition  to  the  water  in  the  calorimeter 
vessel,  1  cm3  of  water  is  placed  in  the  previously 
dried  bomb  before  each  experiment  to  insure  that 
the  space  in  the  bomb  is  saturated  with  water 
vapor  at  the  beginning  of  the  experiment  as  well 
as  at  the  end,  when  water  formed  in  combustion 
will  be  present  in  any  case.  This  water  is  intro¬ 
duced  into  the  bomb  by  means  of  a  buret  or 
pipet  accurate  to  about  0.01  cm3,  immediately 
before  introducing  the  sample  of  combustible. 

c.  Temperature  Measurements 

The  temperature  rise  of  the  calorimeter  in  a 
combustion  experiment  is  approximately  3°  C, 
and  must  be  measured  with  an  accuracy  of  0.0003° 
if  the  error  in  temperature  measurement  is  to 
contribute  not  more  than  0.01  percent  to  the 
result  of  the  calorimetric  experiment.  Measure¬ 
ments  of  temperature  differences  with  this  pre¬ 
cision  can  be  made  conveniently  with  a  suitable 
25  ohm  platinum  resistance  thermometer,  and 
a  Mueller  bridge  of  the  type  commonly  designated 
as  G-2. 

In  precise  measurements  of  temperature  with  a 
resistance  thermometer  it  is  customary  to  elimi¬ 
nate  the  resistance  of  the  thermometer  leads 
completely  by  making  two  resistance  readings, 
with  the  commutator  set  first  in  the  N  position 
and  then  in  the  R  position.  In  bomb  calorimetric 
measurements  where  only  a  small  temperature 
difference  is  to  be  measured  and  where  time  for 
making  the  temperature  measurements  is  limited, 
it  is  permissible  to  omit  changing  the  commutator 
setting.  However,  if  this  procedure  is  followed  it 
is  very  important  that  all  measurements  in  all  ex¬ 
periments  be  made  with  the  same  commutator 
setting,  since  the  change  in  observed  resistance  per 
degree  change  in  temperature  may  be  different  for 
the  N  and  R  positions  of  the  commutator.  The 
possibility  of  error  due  to  change  in  the  commu¬ 
tator  setting  may  be  eliminated  by  permanently 
disconnecting  one  of  the  current  leads  (c  or  t)  of 
the  thermometer  from  the  bridge.  The  ther¬ 
mometer  is  then  effectively  a  3-lead  thermometer 
and  the  bridge  can  be  operated  with  only  one 
setting  of  the  commutator. 

It  is  also  important  that  the  thermometer  be 
immersed  to  the  same  depth  in  all  experiments,  so 
that  its  contribution  to  the  energy  equivalent  of 
the  calorimeter  will  be  the  same  in  all  experiments, 
and  so  that  the  temperature  distribution  along  the 
leads  will  be  the  same. 

The  observations  of  the  temperature  of  the 
calorimeter  in  a  bomb-calorimetric  experiment 
must  be  made  in  such  a  manner  as  to  provide  data 
from  which  can  be  derived  a  value  for  the  tempera¬ 
ture  rise  corrected  for  thermal  leakage  and  heat 
of  stirring.  The  following  procedure  is  for  a 


calorimeter  with  the  jacket  maintained  constant 
at  a  standard  temperature.6 

Temperatures  of  the  calorimeter  are  measured 
at  definite  times  during  three  periods:  (1)  An  ini¬ 
tial  period  of  6  to  10  min  during  which  the  tem¬ 
perature  change  results  solely  from  thermal 
leakage  and  heat  of  stirring;  (2)  a  middle  period 
of  about  12  min,  at  the  beginning  of  which  the 
charge  in  the  bomb  is  fired,  and  during  which  the 
temperature  change  is  due  partly  to  thermal 
leakage  and  heat  of  stirring  but  mostly  to  the 
heat  liberated  by  the  combustion  reaction  in  the 
bomb — this  period  continues  until  the  rate  of 
change  of  temperature  has  become  constant;  and 
(3)  a  final  period  of  10  min  or  more,  during  which 
the  temperature  change  is  again  due  solely  to 
thermal  leakage  and  heat  of  stirring.  It  is  de¬ 
sirable  to  choose  the  initial  temperature  of  the 
calorimeter  so  that  its  final  temperature  will  be 
slightly  below  that  of  the  jacket.  This  reduces 
the  total  thermal  leakage  during  the  middle  period 
and  eliminates  heat  transfer  by  evaporation  of 
water  from  the  calorimeter  and  condensation  on 
the  jacket  wall  which  would  occur  if  the  tempera¬ 
ture  of  the  calorimeter  exceeded  that  of  the  jacket. 

During  the  initial  and  final  periods  the  resistance 
of  the  thermometer  should  be  measured  with  the 
highest  possible  accuracy,  since  the  overall  accu¬ 
racy  of  the  determination  depends  directly  upon 
the  accuracy  of  these  temperature  measurements. 
During  the  middle  period,  because  of  the  very 
rapid  rate  of  temperature  rise,  it  is  not  possible 
to  make  readings  as  accurately  as  during  the  initial 
and  final  periods,  but  this  is  not  important  because 
the  readings  of  the  middle  period  are  used  only  for 
calculating  the  relatively  small  correction  for 
thermal  leakage  and  heat  of  stirring. 

With  a  G-2  bridge  and  a  thermometer  having 
a  resistance  of  approximately  25.5  ohms  at  0°C, 
one  step  in  the  last  dial  of  the  bridge  (0.0001 
ohm)  corresponds  to  approximately  0.001  °C  in 
temperature.  Readings  of  the  bridge  are  made  to 
the  nearest  0.00001  ohm  (0.0001°)  by  interpo¬ 
lating  between  two  adjacent  settings  of  the  last 
dial  of  the  bridge.  This  interpolation  is  accom¬ 
plished  by  observing  the  deflection  of  the  galvanom¬ 
eter  as  follows:  The  galvanometer  is  located 
about  2  meters  from  a  ground  glass  scale  graduated 
in  millimeters,  which  is  so  placed  as  to  be  conven¬ 
iently  observable  by  the  operator  of  the  bridge. 
In  front  of  the  galvanometer  mirror  is  placed  a 
lens  of  such  focal  length  that  the  reflected  image 
of  the  vertical  filament  of  a  light  source  is  focused 
on  the  ground-glass  scale.6  The  bridge  current  is 
adjusted  so  that  with  constant  thermometer 
resistance  a  change  of  0.001  ohm  in  the  bridge 

6  The  NBS  calorimeter  is  located  in  an  air-conditioned  laboratory,  the 
temperature  of  which  is  maintained  at  about  25°  C.  The  jacket  tempera¬ 
ture  is  always  maintained  constant  at  28°  C  and  the  calorimetric  experiments 
cover  the  range  from  25°  to  28°  C.  If  room  temperature  is  not  controlled  the 
standard  temperature  of  the  jacket  should  be  taken  high  enough  so  that  it 
will  be  above  room  temperature  at  all  seasons.  A  jacket  temperature  below 
that  of  the  room  is  undesirable  as  it  may  result  in  the  condensation  of  water 
on  the  calorimeter,  the  initial  temperature  of  which  is  3°  C  below  that  of  the 
jacket. 

•  Lamp  and  scale  devices  for  indicating  galvanometer  deflection  are  available 
commercially,  and  are  as  satisfactory  as  the  device  described  here. 
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setting  causes  a  galvanometer  deflection  corre¬ 
sponding  to  a  2.5  cm  displacementi * * * * * 7  of  the  filament 
image  on  the  scale.  This  is  equivalent  to  a  dis¬ 
placement  of  2.5  mm  per  step  in  the  last  dial  of 
the  bridge,  i.e.,  to  2.5  mm  per  millidegree.  This 
sensitivity  is  doubled  by  reversing  the  current 
through  the  bridge  and  observing  the  resulting 
change  in  position  of  the  filament  image.  The 
sensitivity  is  such  that  when  the  bridge  current 
is  reversed  a  displacement  of  the  filament  image 
by  0.5  mm  corresponds  to  0.00001  ohm  (0.0001°). 
Reading  the  bridge  by  observing  the  deflection  of 
the  galvanometer  when  the  bridge  current  is 
reversed  not  only  increases  the  sensitivity  but 
also  reduces  the  effect  of  changes  in  the  galvanom¬ 
eter  zero.  The  reversal  of  the  bridge  current 
is  conveniently  made  by  means  of  a  double-pole 
double-throw  toggle  switch  connected  in  the 
battery  circuit.  • 

The  above  discussion  of  the  deflection  of  the 
galvanometer  when  the  bridge  current  is  reversed 
tacitly  assumes  that  the  resistance  of  the  thermom¬ 
eter  remains  constant  during  this  operation. 
In  an  actual  calorimetric  experiment  the  resist¬ 
ance  of  the  thermometer  is  usually  changing 
with  time;  in  the  initial  period  for  example  the 
resistance  of  the  thermometer  is  increasing  at  a 
rate  of  approximately  0.0007  ohm/min.  (0.007° 
C/min).  During  this  period  readings  are  made 
once  per  minute  in  such  a  manner  as  to  give 
the  resistance  of  the  thermometer  to  the  nearest 
0.00001  ohm  at  intervals  of  exactly  1  min. 
These  readings  are  made  as  follows:  The 
switch  for  reversing  the  bridge  current  is  thrown 
in  the  direction  such  that  as  the  temperature  of 
the  calorimeter  rises  the  image  of  the  filament  of 
the  galvanometer  light  source  moves  toward 
the  observer’s  right.  The  bridge  dials  are  ad¬ 
justed  occasionally  so  as  to  keep  the  filament 
image  slightly  to  the  left  of  its  zero  position. 
The  time  is  observed  by  means  of  a  stop  watch, 
or  preferably  by  means  of  a  combination  of  stop 
watch  and  audible  second  signals  from  a  standard 
clock.  The  position  of  the  filament  image  is 
observed  to  the  nearest  0.5  mm  at  a  time  4  sec 
before  the, even  minute  and  the  reversing  switch 
is  thrown  immediately.  The  position  of  the 
image  is  observed  again  at  4  sec  after  the  even 
minute8  and  the  switch  is  then  thrown  back  to 
its  original  position  in  preparation  for  later  read¬ 
ings.  If  the  second  position  of  the  filamefit 
image  is  exactly  the  same  as  the  first,  then  the 
galvanometer  deflection  on  the  even  minute  was 
zero,  and  the  reading  of  the  bridge  is  correct  with 
zero  in  the  next  place  after  the  reading  of  the 


i  With  the  particular  combination  of  bridge,  thermometer,  galvanometer, 

and  galvanometer  to  scale  distance  used,  the  bridge  current  of  6.8  ma  (thermom¬ 

eter  current  of  3.4  ma)  gives  the  sensitivity  indicated.  Much  higher  bridge 

current  is  undesirable  because  of  the  increased  heating  of  the  thermometer 

and  the  consequent  increased  variation  of  thermometer  resistance  with 

slight  variations  in  hridge  current.  A  6-volt  low-discharge  storage  battery 

is  a  convenient  source  of  bridge  current. 

8  The  time  which  should  elapse  between  the  two  observations  of  the  galva¬ 
nometer  deflection  depends  upon  the  free  period  of  the  galvanometer.  The 
reading  time  of  an  underdamped  galvanometer  with  a  relative  damping 
constant  of  0.8  or  0.9  is  roughly  equal  to  the  free  period  [19]. 


last  dial.  If  the  second  position  of  the  filament 
image  is  x  mm  to  the  left  (or  right)  of  the 
original  reading,  then  the  reading  of  the  bridge 
should  be  increased  (or  decreased)  by  0.00002a; 
ohm  to  obtain  the  reading  corresponding  to 
the  even  minute.  For  example,  if  the  reading 
of  the  bridge  is  27.3956  ohms  and  the  upper 
and  lower  arrows  in  figure  2(a)  represent  the 
initial  and  final  positions,  respectively,  of  the 
filament  image,  then  the  corrected  reading  of 
the  bridge  at  the  even  minute  would  be  27.39563 
ohms.  On  the  other  hand  the  situation  repre¬ 
sented  in  figure  2(b)  for  the  same  setting  of  the 
bridge  dials  would  correspond  to  a  corrected 
bridge  reading  of  27.39556  ohms. 


(a )  (b) 

Figure  2.  Diagram  to  illustrate  use  of  galvanometer  deflec¬ 
tions  in  reading  bridge 

With  a  little  practice  an  observer  can  learn  to 
anticipate  each  bridge  reading  fairly  closely  after 
the  first  one  or  two  of  a  series,  and  to  preset  the 
bridge  dials  for  -each  subsequent  reading  so  that 
the  change  in  galvanometer  deflection  upon  re¬ 
versal  of  the  current  will  not  exceed  2.5  mm 
(0.00005  ohm  or  0.0005°  C). 

As  a  result  of  the  preliminary  adjustment  of  the 
temperature  of  the  water  in  the  calorimeter  before 
weighing  it  as  described  in  section  3.2.b.,  it  is  to 
be  expected  that  after  assembling  the  calorimeter 
the  temperature  will  be  a  few  tenths  of  a  degree 
below  the  desired  initial  temperature.  The  tem¬ 
perature  should  then  be  raised  to  about  0.05° 
(0.005  ohm)  below  the  temperature  at  which  the 
initial  period  is  to  start,  and  allowed  to  drift  up 
to  this  temperature  as  a  result  of  thermal  leakage 
and  heat  of  stirring.  The  observations  of  the 
initial  period  are  then  made  as  described  above. 

The  heating  of  the  calorimeter  to  0.05°  below 
the  starting  temperature  is  most  conveniently  done 
by  means  of  an  electric  heater  which  is  a  perma¬ 
nent  part  of  the  calorimeter  system.  Another 
method  which  is  frequently  used  is  to  place  a 
heated  brass  rod  (}i  in.  X  2  in.)  on  top  of  the 
calorimeter  cover.  The  rod  is  inserted  through  a 
hole  in  the  jacket  cover  which  is  normally  closed 
by  a  brass  plug.  Care  is  taken  to  avoid  having 
the  heated  rod  come  in  contact  with  the  jacket  and 
thereby  upset  the  control  of  its  temperature. 
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The  above  instructions  may  be  illustrated  by  an 
example.  The  calorimeter  temperature  before 
weighing  was  adjusted  to  a  value  such  that  after 
assembly  of  the  calorimeter  the  thermometer  read¬ 
ing  was  20.5  +  7.420  ohms.8 9  By  means  of  the 
heated  rod  referred  to  above,  the  temperature  was 
raised  until  the  reading  of  the  bridge  was  20.5  + 
7.465  ohms.  The  rod  was  then  removed,  the  plug 
replaced  in  the  hole  in  the  jacket,  and  the  calo¬ 
rimeter  temperature  allowed  to  drift  upward  until 
the  bridge  reading  was  20.5  +  7.4701  ohms  when 
the  readings  of  the  initial  period  were  begun. 
These  are  made  once  per  minute  as  indicated 
previously. 

Immediately  after  the  observations  of  the  initial 
period  are  completed  the  charge  of  combustible  in 
the  bomb  is  ignited  by  means  of  an  electric  fuse, 
the  sensitivity  of  the  galvanometer  is  reduced  by 
reducing  the  bridge  current  to  about  one-third  of 
its  original  value,  and  the  observations  of  the 
middle  period  are  begun.  These  must  be  made  so 
rapidly  that  there  is  no  time  for  reversing  the 
bridge  current  for  each  observation.  The  ob¬ 
servations  are  made  by  setting  the  bridge  dials 
successively  at  certain  predetermined  readings  and 
observing  the  times  at  which  the  galvanometer  de¬ 
flection  becomes  zero.  After  about  3  min  the 
rate  of  temperature  rise  has  decreased  to  such  an 
extent  that  the  bridge  current  can  be  increased  to 
its  original  value  and  the  precise  readings  of  resist¬ 
ance  each  minute  are  resumed.  These  precise 
readings  are  continued  until  the  rate  of  tempera¬ 
ture  change  has  been  constant  for  at  least  10  min. 
The  observations  made  after  the  rate  of  tempera¬ 
ture  change  lias  become  constant  constitute  those 
of  the  final  period. 


Table  1.  Observations  of  time  and  thermometer  resistance 
during  a  bomb-calorimetric  experiment 


Time 

minutes 

Resistance 
minus 
27.5  ohms 

Difference 

X  106 

Time 

minutes 

Resistance 
minus 
27.5  ohms 

Difference 
X  10» 

0 

1 

2 

3 

4 

5 

6 

6.  528 

6.621 

6.682 

6.  754 

6.  820 

6.  894 

6.  970 

7.066 

7.170 

7. 320 

7.399 

7.  496 

0. 47015 
.  47078 
.  47142 
.47206 

.  47334 
.  47397 
.4900 
.5100 
.  5300 
.5500 
.5700 
.5900 
.6100 
.6300 
.6500 
.6700 
.6800 
.6900 

63 

64 

64 

10«  (64) 
(64) 
63 

7. 614 

7.747 

7.  922 

9 

10 

11 

12 

13 

14 

15 

16 

17 

18 

19 

20 

21 

22 

23 

24 

25 

26 

27 

28 

0.  7000 
.7100 
.7200 
.75050 
.75920 
.  76270 
.76410 
.76470 
.76499 
.76515 
. 76525 
.76534 
.  76540 
.76546 
.76553 
.76560 
.  76566 

.76586 
.76592 
. 76599 
.76606 

870 

350 

140 

60 

29 

16 

10 

9 

6 

6 

7 

7 

6 

20  <7) 
20  (6) 
(7) 

6 

7 

7 

8  The  bridge  has  a  20.5-ohm  coil  in  addition  to  the  10-,  20-,  30-ohm  coils,  etc., 

in  the  lOxlO-ohm  decade  (see  appendix). 


Bridge  readings  made  during  the  course  of  a 
typical  bomb  calorimetric  experiment  are  given  in 
table  1,  and  are  shown  graphically  in  figure  3. 
The  values  given  for  resistance  represent  the  ob¬ 
served  resistance  of  the  thermometer  minus  27.5 
ohms.  The  initial  period  extends  from  £=0  to 
£=6  min,  the  middle  period  from  £=6  to  £=18 
min,  and  the  final  period  from  £=18  to  £=28  min. 
The  constancy  of  the  differences  between  consecu¬ 
tive  readings  in  the  initial  and  final  periods  is  an 
indication  that  the  system  has  attained  a  steady 
state.  This  is  a  necessary  condition  for  the  appli¬ 
cability  of  the  method  given  in  section  5  for  calcu¬ 
lating  the  corrected  temperature  rise. 


Figure  3.  Bridge  readings  versus  time  in  a  bomb  calori¬ 
metric  experiment. 


In  the  particular  experiment  illustrated  in  table 
1  and  figure  3  the  time  readings  during  that  part 
of  the  middle  period  from  £=6  to  £=9  min  were 
made  by  means  of  an  electric  timer  which  prints 
the  time  at  which  the  operator  presses  a  button 
when  he  observes  the  galvanometer  deflection  to 
pass  through  zero.  This  instrument  is  a  con¬ 
venience  and  would  be  an  important  part  of  the 
equipment  in  measurements  of  extremely  high 
precision.  It  is  not  a  necessary  part  of  the  appa¬ 
ratus  for  measurements  of  the  precision  aimed  at 
in  the  procedures  described  in  this  Monograph.  For 
such  precision  it  is  also  not  necessary  to  obtain 
as  many  readings  in  the  middle  period.  It  is 
sufficient  to  make  three  or  four  measurements  in 
the  range  from  55  to  70  percent  of  the  total  tem¬ 
perature  rise,  and  to  read  the  time  to  the  nearest 
second  (or  the  nearest  0.01  min)  by  means  of  a 
stopwatch. 
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The  corrected  temperature  rise  for  the  experi¬ 
ment  illustrated  in  table  1  and  figure  3  is  calcu¬ 
lated  in  section  5. 


d.  Firing  Energy 


The  quantity  of  energy  used  to  fire  the  charge 
is  the  sum  of  the  electric  energy  used  to  ignite  the 
fuse  plus  the  heat  of  combustion  of  the  amount 
of  fuse  wire  burned.  The  current  for  igniting  the 
fuse  is  obtained  from  a  small  transformer  with  a 
secondary  voltage  of  about  10.  The  total  firing 
energy  can  be  determined  in  a  series  of  blank  ex¬ 
periments  in  which  only  the  fuse  wire  is  burned. 
In  such  experiments  the  temperature  rise  of  the 
calorimeter  is  very  small,  and  the  initial  tempera¬ 
ture  of  the  calorimeter  should  be  very  near  that 
of  the  jacket.  The  rate  of  change  of  temperature 
in  the  initial  and  final  periods  will  then  be  small, 
and  the  correction  for  thermal  leakage  will  also 
be  small. 

When  a  2-cm  length  of  fuse  wire  is  used  in  the 
manner  described  in  the  appendix  it  has  been 
found  that  if  the  wire  is  burned  completely  10  the 
firing  energy  is  constant  and  equal  to  5.2  cal.  No 
appreciable  error  will  result  from  using  this  value 
in  any  case  where  the  same  type  of  fuse  is  used, 
i.e.,  a  2-cm  length  of  Parr  fuse  wire  wound  into  a 
helix  and  attached  to  platinum  leads.  The  firing 
energy  in  this  case  is  only  0.05  percent  of  the  en¬ 
ergy  normally  produced  in  a  combustion  experi¬ 
ment,  and  any  error  in  the  value  5.2  cal  will  largely 
cancel  if  this  same  value  is  used  for  both  calibra¬ 
tion  experiments  and  measurements  of  heats  of 
combustion,  and  if  the  temperature  rise  is  about 
the  same  in  the  two  kinds  of  experiment. 

The  most  serious  error  likely  to  be  encountered 
in  accounting  for  the  firing  energy  is  that  which 
may  result  from  a  short-circuit  between  the  firing 
electrode  and  the  bomb,  either  because  of  failure 
of  the  insulation  around  the  electrode  or  because 
of  moisture  getting  into  the  mica  insulation  inside 
of  the  bomb.  This  mica  normally  is  wet  by  the 
acid  solution  formed  in  combustion  and  by  the 
water  introduced  in  washing  the  interior  of  the 
bomb  after  each  experiment.  It  should  be  dried 
thoroughly  before  each  experiment,  and  the  insu¬ 
lation  should  be  tested  before  attaching  the  fuse 
to  its  platinum  leads.  An  insulation  resistance  of 
less  than  10 9  ohms  usually  indicates  either  mois¬ 
ture  in  the  insulation  or  some  other  failure  of  the 
insulating  material  which  needs  to  be  corrected. 
A  “megger”  or  volt-ohmeter  or  other  similar  in¬ 
strument  may  be  used  for  testing  the  insulation 
resistance. 


i°  Combustion  of  the  fuse  wire  may  not  be  complete  in  all  blank  experi¬ 
ments  to  determine  the  firing  energy,  although  it  is  practically  always  com¬ 
plete  when  a  sample  of  fuel  is  burned  in  the  bomb.  Blank  experiments  in 
which  combustion  of  the  fuse  wire  is  incomplete  should  be  rejected,  or  else 
a  correction  for  the  unburned  wire  should  be  applied. 


e.  Materials  in  Bomb 

A  calibration  of  the  calorimeter  yields  a  value 
for  the  energy  equivalent  E  of  the  system  as  ac¬ 
tually  used,  consisting  of  calorimeter  vessel,  stirrer, 
water,  thermometer,  bomb,  and  contents  of  the 
bomb  at  the  beginning  of  the  experiment.  The 
calorimeter  vessel,  stirrer,  mass  of  water,  ther¬ 
mometer,  and  bomb  will  ordinarily  be  unchanged 
from  one  experiment  to  another,  and  the  crucible 
and  amount  of  water  placed  in  the  bomb  will  also 
be  constant.  However,  the  mass  of  the  platinum 
leads  to  the  fuse,  the  mass  of  oxygen,  and  the  mass 
and  kind  of  combustible  material  may  change 
from  one  experiment  to  another.  The  heat  ca¬ 
pacity  of  the  largest  amount  of  platinum  wire  in 
the  bomb  amounts  to  only  0.001  percent  of  the 
total  energy  equivalent  of  the  system,  so  that 
variations  in  the  amount  of  platinum  wire  are  en¬ 
tirely  negligible.  The  mass  of  oxygen  in  the 
bomb  is  inversely  proportional  to  absolute  tem¬ 
perature  and  directly  proportional  to  absolute 
pressure.  The  temperature  is  measured  to  about 
0.5°  C  at  the  time  the  oxygen  is  admitted  to  the 
bomb,  by  means  of  a  mercurial  thermometer  with 
its  bulb  near  the  bomb.  The  pressure  of  the 
oxygen  (about  30  atm=450  psi)  is  measured  to  the 
nearest  0.1  atm  (1.5  psi)  by  means  of  a  calibrated 
Bourdon  gage. 

The  values  of  the  energy  equivalent  E  obtained 
in  calibration  experiments  are  reduced  to  the 
energy  equivalent  E3  of  a  standard  calorimeter 
system  consisting  of  the  calorimeter  vessel  with 
cover,  the  standard  mass  of  water,  stirrer,  ther¬ 
mometer,  and  bomb  containing  1  ml  of  water, 
the  crucible,  and  oxygen  under  an  absolute 
pressure  of  30.0  atm  at  28.0°  C  but  no  combus¬ 
tible  material.  In  a  measurement  of  heat  of 
combustion  the  energy  equivalent  Es  of  the 
standard  calorimeter  system  is  corrected  for  any 
excess  of  the  oxygen  pressure  at  28°  C  over  30 
atm  and  for  the  heat  capacity  of  the  charge  of 
combustible. 

The  reduction  of  the  observed  E  to  the  corre¬ 
sponding  value  of  Es,  and  vice  versa,  is  discussed 
in  section  5  on  calculation  of  results. 

f.  Acids  Formed  in  Combustion 

Nitric  acid  is  normally  formed  in  the  combus¬ 
tion  reaction  from  nitrogen  either  in  the  fuel 
sample  itself  or  present  as  an  impurity  in  the 
oxygen.  If  sulfur  is  present  in  the  fuel,  oxides  of 
sulfur  will  be  formed.  These  are  entirely  con¬ 
verted  to  sulfuric  acid  if  nitric  acid  is  also  formed. 
For  this  reason,  if  the  fuel  is  known  or  suspected 
to  contain  a  significant  amount  of  sulfur,  the  air 
initially  present  in  the  bomb  should  not  be  flushed 
out  with  oxygen  at  the  time  oxygen  is  admitted 
to  the  bomb.  The  sulfur  will  then  be  all  con¬ 
verted  to  aqueous  sulfuric  acid,  and  therefore  to 
a  determinate  final  state. 

The  total  acid  formed  in  combustion  is  deter- 
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mined  by  washing  the  inner  surface  of  the  bomb 
with  distilled  water  and  titrating  the  washings 
against  0.1  N  sodium  hydroxide,  using  methyl 
orange  as  the  indicator. 

If  both  nitric  and  sulfuric  acids  are  formed  the 
total  acid  is  determined  by  titration  as  before, 
and  the  sulfur  is  determined  by  analyzing  the 

4.  Summarized  Directions  for  a 

Summarized  directions  will  now  be  given  for 
carrying  out  a  bomb-calorimetric  experiment  with 
benzoic  acid  to  determine  the  energy  equivalent 
of  the  calorimeter.  Following  these  directions 
there  will  be  a  brief  discussion  of  the  differences 
in  procedure  in  an  experiment  to  determine  the 
heat  of  combustion  of  a  fuel. 

4.1.  Preliminary  Adjustment  of  Apparatus 

Observe  the  temperature  of  the  oxygen  purifier 
and  if  necessary  bring  its  temperature  to  500°  C. 
(Caution:  The  temperature  and  oxygen  pressure 
should  never  be  allowed  to  exceed  values  consist¬ 
ent  with  safety  with  respect  to  the  possibility  of 
explosive  failure  of  the  purifier.  The  manufac¬ 
turer’s  recommendations  regarding  safety  precau¬ 
tions  should  be  adhered  to  rigidly.)  Add  water,  if 
necessary,  to  fill  the  calorimeter  jacket,  bath,  bring 
its  temperature  to  the  desired  standard  value  and 
put  the  thermostat  into  operation  (see  sec.  3.2.C.). 

4.2.  Preparation  and  Weighing  of  Sample  of 

Benzoic  Acid 

Weigh  out  approximately  an  amount  of  benzoic 
acid  somewhat  in  excess  of  1.52  g  11  and  compress 
it  into  a  pellet.  Weigh  the  pellet  on  a  balance 
sensitive  to  about  0.01  g  and  adjust  the  weight,  if 
necessary,  to  1.52  ±0.01  g  (see  footnote  11)  by 
scraping  the  pellet.  Carefully  remove  any  pow¬ 
dered  benzoic  acid  from  the  pellet  by  brushing. 
Weigh  the  crucible  on  the  semimicro  balance, 
first  empty  and  then  after  placing  the  pellet  of 
benzoic  acid  into  it,  following  the  procedure 
described  in  section  3. 2. a. 

4.3.  Preparation  of  Bomb 

Test  insulation  resistance.  If  less  than  106 
ohms,  dry  mica  or  replace  cone  insulator. 

Attach  fuse  wire  to  platinum  leads  as  described 
in  the  appendix.12  Measure  1.00  cm3  of  distilled 
water  into  the  bomb  by  means  of  a  buret  or  pipet. 
Attach  the  crucible  to  its  support  in  such  a  manner 
that  the  fuse  is  nearly  touching  the  pellet  of  benzoic 
acid  and  assemble  the  bomb.  Connect  the  bomb 


11  The  standard  mass  of  benzoic  acid  should  be.  such  as  to  give  a  tempera¬ 
ture  rise  of  approximately  3°  C.  The  mass  used  should  be  within  0.01  g  of 
the  standard  mass. 

12  It  may  be  convenient  to  do  this  while  waiting  for  the  attainment  of  temp¬ 
erature  equilibrium  in  the  balance  case  in  connection  with  weighing  the 
sample  of  combustible. 


bomb  washings  after  titration,  using  the  procedure 
described  in  ASTM  Designation  D 129-58  [14]. 
The  correction  for  nitric  acid  is  14.0  kcal/mole  of 
acid  formed.  If  sulfur  is  present  in  the  fuel  the 
total  acid  is  corrected  for  as  if  it  were  all  nitric 
acid,  and  an  additional  correction  of  1,400  cal/g 
of  sulfur  is  applied. 

Bomb-Calorimetric  Experiment 

to  the  oxygen  cylinder  through  the  purifier  and 
admit  oxygen  to  a  pressure  of  approximately  30 
atm.  The  oxygen  should  be  admitted  slowly  so  as 
not  to  cool  the  copper  oxide  in  the  oxygen  purifier 
below  the  temperature  at  which  it  will  oxidize 
combustible  impurities  in  the  oxygen.  Close  the 
valve  in  the  oxygen  line  and  open  the  needle  valve 
on  the  bomb,  allowing  the  oxygen  to  escape  until 
the  pressure  is  reduced  to  atmospheric.  This 
procedure  removes  about  97  percent  of  the  nitrogen 
in  the  air  initially  in  the  bomb.  Refill  the  bomb  to 
the  pressure  of  approximately  30  atm,  read  and 
record  the  temperature  and  pressure,  and  discon¬ 
nect  the  bomb  from  the  oxygen  tank.  Attach  the 
binding  post  (fig.  6(b))  with  the  lead  wire  to  the 
terminal  nut  on  the  bomb. 

4.4.  Weighing  of  Calorimeter  Plus  Water 

Fill  the  calorimeter  with  water,  adjust  tempera¬ 
ture  of  water,  and  weigh  calorimeter  plus  water  as 
described  in  section  3.2.b. 

4.5.  Assembly  of  Calorimeter 

Immediately  after  the  calorimeter  is  weighed 
carry  it  to  the  jacket  and  place  it  in  its  proper 
position  in  the  jacket  space.  Place  the  bomb  in 
the  calorimeter,13  put  the  calorimeter  cover  in 
place  and  press  it  down  until  its  lower  surface  is  in 
contact  with  the  water.  These  operations  should 
be  performed  rapidly  and  as  nearly  as  possible  in 
the  same  manner  and  in  the  same  length  of  time  in 
all  experiments.  Complete  the  firing  circuit  by 
connecting  the  lead  to  the  bomb  electrode  to  the 
binding  post  provided  for  this  purpose  (fig.  l.(c)) 
and  connect  the  other  lead  (already  attached  to 
the  other  binding  post)  to  the  calorimeter  vessel 
by  means  of  the  clip  shown  in  figure  l.(d)  (see 
appendix).  Close  the  jacket  cover  and  connect 
the  calorimeter  stirrer  to  its  driving  shaft.  Meas¬ 
ure  the  jacket  temperature  to  0.001°  C  (0.0001 
ohm)  by  means  of  the  bridge  and  resistance  ther¬ 
mometer,  then  remove  the  thermometer  from  the 
jacket  bath,  dry  it,  and  put  it  in  place  in  the 
calorimeter. 


>3  The  bomb  should  be  lowered  into  the  calorimeter  without  touching  the 
water  with  the  fingers.  This  can  be  done  by  using  some  sort  of  hook  on  which 
the  bomb  can  be  hung  and  which  can  be  removed  after  the  bomb  is  in  place. 
A  hook  made  of  a  piece  of  brass  or  nichrome  rod  about  Me  in.  in  diameter  and 
bent  into  the  form  shown  in  fig.  6(f)  has  been  found  satisfactory  for  this  pur¬ 
pose  with  the  Parr  bomb.  The  hooked  ends  of  the  rod  are  inserted  into  holes 
on  opposite  sides  of  the  screw  cap  of  the  bomb,  and  are  easily  removed  after 
the  bomb  is  in  place.  The  amount  of  water  which  adheres  to  the  hook  when 
it  is  withdrawn  from  the  calorimeter  is  negligible. 
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4.6.  Adjustment  of  Initial  Temperature  of 
Calorimeter 

Adjust  the  calorimeter  temperature  to  0.05° 
(0.005  ohm)  below  the  starting  temperature  of  the 
initial  period,  and  allow  it  to  drift  up  to  the  start¬ 
ing  temperature  as  described  in  section  3.2.c. 
The  starting  temperature  (in  calibration  experi¬ 
ments)  always  has  the  same  value,  which  is  so 
chosen  that  the  final  temperature  of  the  calo¬ 
rimeter  after  combustion  will  be  at,  or  preferably  a 
few  hundredths  of  a  degree  below,  the  temperature 
of  the  jacket. 

4.7.  Observation  of  Temperature  and 
Ignition  of  Sample 

After  the  temperature  of  the  calorimeter  has 
been  allowed  to  drift  up  to  the  starting  tempera¬ 
ture,  make  and  record  the  readings  of  time  and 
temperature  of  the  initial  period  each  minute  as 
described  in  section  3.2.c.  Immediately  after  the 
last  reading  of  the  initial  period  fire  the  charge  by 
closing  the  circuit  through  the  fuse  in  the  bomb. 
Observe  the  ammeter  in  this  circuit  when  the 
charge  is  fired.  The  reading  of  the  ammeter 
should  rise  abruptly  to  about  5  amp  and  then  drop 
almost  instantly  to  zero.  Failure  of  the  current 
to  drop  immediately  indicates  a  short  circuit,  and 
the  charge  will  probably  not  be  ignited,  or  if  it  is 
ignited  the  result  of  the  experiment  will  be  in  error 
by  an  unknown  amount  because  of  the  excess 
electrical  energy.  If  the  ignition  takes  place 
normally,  make  and  record  the  observations  of  the 
middle  and  final  periods  as  described  in  section 
3.2.c.  After  the  end  of  the  final  period  remove  the 
thermometer  from  the  calorimeter,  insert  it  in  the 
jacket  bath  and  measure  the  temperature  of  this 
bath  to  0.001°  If  the  temperature  control  equip¬ 
ment  has  been  operating  properly  the  jacket  tem¬ 
perature  should  remain  constant  to  0.005°  or  better 
during  an  experiment. 

4.8.  Analysis  of  Contents  of  Bomb 

Remove  the  bomb  from. the  calorimeter,  dry  it, 
open 'the  needle  valve  and  allow  the  gas  to  escape 
at  a  rate  such  as  to  reduce  the  pressure  to  atmos¬ 
pheric  in  not  less  than  1  min.  Then  open  the 
bomb  and  examine  the  interior  for  unburned 
carbon,  which  would  indicate  incomplete  com¬ 
bustion.  If  more  than  a  slight  trace  of  unburnecl 
carbon  is  found  the  experiment  should  be  rejected. 
If  no  appreciable  amount  of  unburned  carbon  is 
found  wash  all  interior  surfaces  of  the  bomb  with 
distilled  water  and  collect  the  washings  quanti¬ 
tatively  in  a  beaker.  The  quantity  of  the  wash¬ 
ings  should  preferably  not  exceed  150  ml.  Ti¬ 
trate  the  washings  against  a  0.1  N  solution  of 
NaOH  using  methyl  orange  as  the  indicator. 
Calculate  the  correction  for  nitric  acid  as  de¬ 
scribed  in  section  5  on  calculation  of  results. 


The  procedure  in  a  measurement  of  heat  of 
combustion  follows  the  same  steps  outlined  in 
paragraphs  4.1  to  4.8,  with  certain  differences 
in  individual  steps  as  indicated  below. 

4. 2. a.  Preparation  and  Weighing  of  Sample  of  Fuel 

If  the  material  whose  heat  of  combustion  is  to  be 
determined  is  a  sufficiently  nonvolatile  liquid, 
weigh  the  empty  crucible  by  the  method  of 
substitution  as  described  previously,  decrease 
the  weights  on  the  pan  with  the  crucible  by 
the  desired  weight  of  sample,14  and  add  the 
liquid  drop-wise  from  a  pipct  until  the  weights 
plus  sample  plus  crucible  balance  the  tare  weight  on 
the  opposite  pan.  Ordinarily  this  procedure  will 
add  more  than  the  desired  weight  of  sample,  and 
the  excess  may  be  removed,  for  example,  by  dip¬ 
ping  the  end  of  a  fine,  glass  capillary  into  the 
liquid.  Great  care  should  be  taken  during  the 
introduction  of  the  sample  into  the  crucible  and 
making  the  final  adjustment  of  the  weight  to 
avoid  getting  any  of  the  sample  on  the  outside 
of  the  crucible.  The  final  weighing  of  crucible 
plus  sample  is  carried  out  as  described  in  section 
3. 2. a. 

If  the  material  whose  heat  of  combustion  is 
to  be  determined  is  a  volatile  liquid,  the  enclosure 
of  the  sample  in  a  glass  bulb  (as  described  in  the 
appendix)  and  the  determination  of  its  weight 
(as  described  in  sec.  3. 2. a.)  will  ordinarily  have 
been  done  prior  to  the  beginning  of  the  calorimet¬ 
ric  measurements.  It  is  then  only  necessary  to 
place  the  bulb  in  the  crucible  before  starting  the 
procedure  described  in  section  4.3.  and  4. 3. a. 

4. 3. a.  Preparation  of  Bomb 

The  procedure  here  is  the  same  as  that  described 
in  section  4,3  except  that  if  the  sample  contains 
sulfur  the  air  initially  in  the  bomb  is  not  flushed 
out  before  filling  the  bomb  with  oxygen.  If  the 
sample  does  not  contain  sulfur  the  air  should  be 
flushed  out  as  described  in  section  4.3  by  filling 
the  bomb  with  oxygen  to  30  atm,  allowing  the 
gas  to  escape  until  the  pressure  is  reduced  to 
atmospheric,  and  then  refilling  the  bomb  to  30 
atm.  Where  the  sample  is  enclosed  in  a  glass 
bulb,  premature  breakage  of  the  bulb  when  the 
pressure  is  first  raised  to  30  atm  can  sometimes 
be  detected  by  the  odor  of  the  fuel  in  the  escaping 
gas  when  the  pressure  is  released. 

4. 6. a.  Adjustment  of  Initial  Temperature  of 
Calorimeter 

In  the  case  of  a  nonvolatile  liquid  where  the 
weight  of  sample  is  such  as  to  give  a  temperature 
rise  equal  to  that  in  a  calibration  experiment 
the  adjustment  of  the  initial  calorimeter  tempera¬ 
ture  is  carried  out  in  the  same  manner  as  described 
in  section  4.6. 


u  The.  weight  of  sample  should  be  such  as  to  give  approximately  the  same 
temperature  rise  of  the  calorimeter  as  in  the  calibration  experiments. 
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In  the  case  of  volatile  samples  it  is  difficult  to 
make  the  glass  sample-bulbs  sufficiently  uniform 
in  capacity  to  give  the  same  temperature  rise  of 
the  calorimeter  in  all  experiments.  Select  the 
initial  temperature  for  each  experiment  so  that 
the  mean  of  the  initial  and  final  temperatures  of 
the  calorimeter  will  be  the  same  as  in  the  calibra¬ 
tion  experiments. 


4.8. a.  Analysis  of  Contents  of  Bomb 

If  the  sample  contains  no  sulfur  follow  proce¬ 
dure  described  in  section  4.8.  If  the  sample  con¬ 
tains  sulfur  titrate  the  bomb  washings  to  deter¬ 
mine  total  acid  is  described  in  section  4.8.  After 
this  titration  analyze  the  bomb  washings  for  sulfur 
using  the  procedure  described  in  ASTM  Designa¬ 
tion  D 129-58  [14]. 


5.  Calculation  of  Results 


5.1.  Calibration  Experiment 

Calculate  a  value  for  the  energy  equivalent  E 
from  the  data  of  each  calibration  experiment, 
using  the  following  formula: 


&=6318.3 


{l  +  10 


~6  |~20  (jP— 30^+42  (^7-3) 

+:!o  (t— :i)— 45  O”25)!} 


Xr  Qc  X  Wb4-Cl  +  C2 

E= - At - 

where  $e=heat  of  combustion  of  benzoic  acid  in 
IT  calories  per  gram  under  the  con¬ 
ditions  of  the  experiment. 
ms=w'eight  in  air,  in  grams,  of  sample  of 
benzoic  acid  burned. 

cx  =  correction  for  firing  energy,  in  calories. 
C2  =  correction  for  nitric  acid,  in  calories. 
At= corrected  temperature  rise  of  calori¬ 
meter,  in  degrees  Celsius  (or  ohms). 

The  value  of  E  will  be  in  calories  per  unit  of  the 
temperature  scale  used,  e.g.,  in  calories  per  deg  C, 
or  calories  per  ohm. 

a.  Heat  of  Combustion  of  Benzoic  Acid 

The  certified  value  for  the  heat  of  combustion 
of  the  present  standard  sample  (39h)  of  benzoic 
acid  under  the  standard  conditions  of  the  bomb 
process  is  6318.3  IT  cal/g  weight  in  air.15  The 
standard  conditions  are: 


where  P= initial  absolute  pressure  of  oxygen,  in 
atmospheres,  at  the  temperature  t, 
ras= weight  of  sample,  in  grams, 
mw= weight  in  grams,  of  water  placed  in 
bomb  before  combustion, 

V=  internal  volume  of  bomb  in  liters, 
t= temperature  to  which  the  combustion 
reaction  is  referred,  in  degrees  C. 

The  temperature  to  which  the  reaction  is  referred 
is  here  taken  as  the  final  temperature  of  the 
calorimeter.  The  value  of  the  energy  equivalent 
E  obtained  from  eq  (1)  is  then  that  of  the  initial 
calorimetric  system  at  the  mean  temperature  of 
the  calorimeter.  By  the  initial  calorimetric  sys¬ 
tem  is  meant  the  system  before  combustion  of  the 
benzoic  acid,  i.e.,  it  includes  the  benzoic  acid, 
water,  and  oxygen  in  the  bomb  before  combustion 
takes  place. 

For  example  let  the  following  data  be  given: 

Volume  of  bomb, 

V  =0.380  liter 


A.  The  combustion  reaction  is  referred  to 
25°  C. 

B.  The  sample  is  burned  in  a  bomb  of  constant 
volume  in  pure  oxygen  at  an  initial  pressure  of 
30  atm  at  25°  C. 

C.  The  number  of  grams  of  sample  burned  is 
equal  to  three  times  the  internal  volume  of  the 
bomb  in  liters. 

D.  The  number  of  grams  of  water  placed  in  the 
bomb  before  combustion  is  equal  to  three  times 
the  internal  volume  of  the  bomb  in  liters. 

If  the  conditions  in  the  experiment  differ  from 
the  standard  conditions  A,  B,  C,  and  D  above, 
the  value  of  Qc  for  the  heat  of  combustion  of 
benzoic  acid  under  the  actual  conditions  of  the 
experiment  will  be  obtained  from  the  following 
approximate  equation,  which  was  derived  in 
accordance  with  the  procedure  recommended  by 
Washburn  [18]: 

14  The  value  for  the  heat  of  combustion  of  benzoic  acid  is  given  here  in  IT 
calories  per  gram  weight  in  air  against  brass  weights,  the  densities  of  air, 
brass,  and  benzoic  acid  being  taken  as  0.00116,  8.4,  and  1.320  g/cm3,  respec- 
lvely. 


Weight  of  benzoic 

acid,  ms  =1.522g;  ms/V—  4.01g/liter 

Weight  of  water 

in  bomb,  mw  =  l.OOg;  raa,/T;r=2.63g/liter 
Initial  oxygen 

pressure  =30.8  atm  gage  at  25.5°  C 

=  31.8  atm  abs  at  298.7°  K 

Final  temperature 

of  calorimeter,  if = 28.00°  C  =  301.2°  K 
Oxygen  pressure 

301  9 

at  28.00°  C,  P= 31.8X^ 

=  32.1  atm  absolute 
Substituting  in  eq  (2)  we  obtain 
Qc  =  6318.3(1  +  10-6[20(32.  l-30)+42(4.01-3)  + 
30(2.63  — 3)  — 45(28.00  — 25.00)]} 

=  6317.9  cal/g  in  air. 
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b.  Correction  Terms  Ci  and  c2 

The  correction  cx  for  firing  energy  is  preferably 
determined  in  a  series  of  blank  experiments  as  de¬ 
scribed  in  section  3.2.d.  The  use  of  the  value 
Ci  =  5.2  cal  will  not  lead  to  a  significant  error  if 
the  fuse  is  a  2-c.m  length  of  Parr  fuse  wire  wound 
into  a  helix  and  attached  to  platinum  leads.  In 
some  cases  a  greater  length  (5  cm  or  more)  of 
fuse  wire  is  attached  to  electrodes  which  are  located 
a  short  distance  away  from  the  crucible.  In  such 
cases  the  fuse  may  not  all  burn,  and  the  firing 
energy  will  be  different  in  different  experiments 
depending  upon  the  length  of  wire  burned.  If 
this  procedure  is  followed,  the  length  of  wire 
burned  in  each  experiment  must  be  determined 
and  the  correction  cx  may  be  taken  as  2.6  X+ 
calories,  where  L  is  the  length  of  wire  burned, 
in  centimeters. 

The  correction  c2  for  nitric  acid  is  14.0  kcal/mole 
of  nitric  acid  formed,  or  14.0  N  cal/cm3  of  sodium 
hydroxide  solution  of  normality  N  required  to 
neutralize  the  acid.  Thus  if  2.4  cm3  of  0.0987  N 
sodium  hydroxide  is  required  to  neutralize  the 
nitric  acid  formed,  c2=2. 4X14. 0X0. 0987  =  3. 3  cal. 

c.  Corrected  Temperature  Rise 

The  calculation  of  the  corrected  change  in  re¬ 
sistance  of  the  thermometer  in  a  bomb  calorimet¬ 
ric  experiment  will  be  illustrated  by  carrying  out 
the  calculations  for  the  experiment  in  which  the 
data  given  in  table  1  were  obtained.  As  stated 
in  section  3.2.c.  the  initial,  middle,  and  final  peri¬ 
ods  in  this  experiment  extend  from  £=0  to  £=6, 
£=6  to  ^  =  18,  and  £=18  to  £=28  min,  respectively. 
The  observed  change  in  resistance  of  the  ther¬ 
mometer  is  taken  as  the  difference  between  the 
bridge  readings  at  £=6  and  £=18  min,  namely, 
0.76540—0.47397=0.29143  ohm.  This  difference 
is  to  be  corrected  for  thermal  leakage  and  heat 
of  stirring.  Correct  methods  for  calculating  this 
correction  will  be  found  in  reference  [3]  and  in  a 
number  of  the  references  there  cited.  For  the 
accuracy  aimed  at  in  this  manual  it  is  sufficient 
to  use  the  following  procedure  which  has  been 
found  empirically  to  give  correct  results  within 
about  0.01  percent  of  the  total  resistance  change. 
We  first  calculate  the  average  rates  of  change  of 
resistance  rx  and  r2  in  the  initial  and  final  periods, 
respectively.  These  are  seen  to  be 


0.47397-0.47015 


0.00382 

6 


0.000637  ohm  min 


r2- 


0.76606-0.76540  0.00066 


10 


10 


^0.000066  ohm  min. 


Next  we  calculate  from  the  data  of  the  middle 
period  the  time  tm  at  which  63  percent  of  the  ob¬ 
served  resistance  change  has  taken  place.  The  re¬ 
sistance  at  tm  is  given  by  that  at  the  final  reading 
of  the  initiahperiod  (at  £=6),  0.47397,  plus  63  per¬ 
cent  of  the  observed  resistance  change.  In  other 
words 


#*,=0.47397+0.63X0.29143=0.65757  ohm. 

Referring  to  table  1  it  is  seen  that  this  resistance 
is  reached  at  a  time  intermediate  between  7.17 
and  7.32  min,  and  by  interpolation  we  obtain 
£*,= 7.227  min.  The  corrected  initial  and  final  re¬ 
sistances,  #<  (corr.)  and  Rf  (corr.),  are  then  ob¬ 
tained  by  applying  corrections  to  the  observed 
resistance  at  £=6  and  £=18  min  as  follows:16 

Ri  (corr.)=#6  (obsf+r^— 6) 

=  0.47397+  0.000637  X  1.227  =  0.474752 
ohm, 

Rf  (corr.)=#18  (obs)  —  r2(18  —  tm) 

=  0.76540-0.000066X10.773  =  0.764689 
ohm. 

The  change  in  resistance  corrected  for  thermal 
leakage  and  heat  of  stirring  is  then 

Rf  (corr.)-#,-  (corr.)  =  0.764689 

-0.474752  =  0.289937  ohm. 

Practically  the  same  result  would  have  been  ob¬ 
tained  if  only  three  readings  had  been  taken  during 
the  period  of  very  rapid  temperature  rise,  say  at 
#=0.6300,  0.6600,  and  0.6900  ohm. 

This  result  must  be  corrected  for  errors  in  the 
bridge  coils  by  applying  a  correction  equal  to  the 
algebraic  sum  of  the  certificate  corrections  to  the 
coils  used  in  obtaining  #18  (obs)  less  the  algebraic 
sum  of  the  corrections  to  the  coils  used  in  obtaining 
#6  (obs.).  It  is  evident  that  it  is  not  necessary  in 
this  calculation  of  the  change  in  resistance  to  in¬ 
clude  corrections  to  coils  which  enter  into  both 
#6  (obs)  and  #18  (obs).  In  this  case  such  coils  in¬ 
clude  one  of  20.5  ohms  and  one  of  7  ohms.  The 
bridge  correction  in  the  experiment  under  con¬ 
sideration  was  +0.000029  ohm,  making  the  cor¬ 
rected  resistance  change  A#  =  0. 289966  ohm. 

Resistance  of  the  thermometer  can  be  converted 
to  temperature  with  the  aid  of  the  formula  or 
tables  accompanying  the  NBS  certificate  for  the 
thermometer.  It  is  somewhat  more  convenient, 
however,  to  compute  a  table  of  factors  At/AR 
which  when  multiplied  by  the  corrected  change  in 
resistance  A R  will  give  the  desired  change  in  tem¬ 
perature  A£.  Such  a  table  may  be  calculated  as 
follows.  First  the  temperatures  corresponding  to 
certain  given  resistances,  say  #=27.5000,  27.6000, 

. . .  -  28.5000. . .  ,  are  calculated,  using  the  data  in 
the  certificate  for  the  thermometer.  These  tem¬ 
peratures  are  then  substituted  into  the  formula 

At  _ _ 1 _ 

A R~  T,  [+  ,  S  Mt  "1  (3) 17 

_  i?0‘t1+Ioo~TooooJ 

w  Resistances  are  read  to  1  in  the  fifth  decimal.  The  calculations  are  carried 
one  place  farther  to  avoid  errors  from  rounding  off. 

17  Strictly  speaking,  eq  (3)  gives  the  derivative  dt/dR.  This  is  exactly  equal 
to  At/AR  for  a  finite  interval  AR,  provided  it  is  calculated  for  the  mean  tem¬ 
perature  of  the  interval.  If,  as  is  customary,  the  value  of  dt/dR  corresponds 
to  the  mean  resistance  of  a  finite  interval,  then  dt/dR  is  not  exactly  equal  to 
At/AR,  but  the  error  is  entirely  negligible. 
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where  R0)  a,  and  6  are  constants  given  in  the  cali¬ 
bration  certificate  for  the  particular  thermometer. 
The  values  of  R  and  corresponding  values  of 
At/AR  calculated  from  the  above  formula  are  tabu¬ 
lated.  The  value  of  At/AR  to  use  in  calculating 
the  corrected  temperature  rise  in  a  given  experi¬ 
ment  is  that  corresponding  to  the  mean  of  the 
corrected  initial  and  final  values  of  R  for  the 
experiment.  This  value  of  At/AR  is  obtained  from 
the  table,  b}r  interpolation  if  necessary.  For  ex¬ 
ample,  in  the  example  given  above  the  value  of 
At/AR  used  should  be  that  corresponding  to  the 
mean  of  27.5+i?*  (corr.)  and  27.5-\-Rf  (corr.)  or 


where  rx  and  r2  are  the  average  rates  of  change 
of  resistance  in  the  initial  and  final  periods, 
respectively,  and  Rx  and  R2  are  the  observed 
resistances  at  the  mid-points  of  these  periods. 
Thus,  using  the  data  of  table  1  at  the  beginning 
of  this  section  (5.1c): 


0.000637-0.000066 
0.76573  —  0.47206 


—0.001944. 


27.5+ (0.47475  +  0. 76409)/2  =  27.5  +  0.6197 

=  28.1197  ohms.18 


This  quantity  is  a  constant  of  the  calorimeter 
and  should  remain  constant  to  better  than  one 
percent  in  different  experiments. 


It  is  found  that  At/AR  increases  by  about  0.03 
percent  for  an  increase  in  temperature  of  1  deg  C 
(0.1  ohm). 

It  is  not  necessary,  however,  to  convert  re¬ 
sistance  to  temperature.  If  desired,  the  re¬ 
sistance  change  can  be  taken  as  the  measure  of 
the  temperature  change,  with  the  energy  equiv¬ 
alent  E  expressed  in  caloreis  per  ohm.  The 
corrected  resistance  change  AR  (ohms)  in  a  meas¬ 
urement  of  heat  of  combustion  would  then  be 
multiplied  by  E  (calories  per  ohm)  to  give  the 
energy  (calories)  produced  in  the  combustion 
reaction.  One  disadvantage  of  this  procedure  is 
that  E  in  calories  per  ohm  changes  more  for  a 
given  change  in  the  mean  temperature  of  the 
experiment  than  does  E  in  calories  per  degree. 
For  a  typical  bomb  calorimeter  it  has  been 
calculated  that  the  change  in  the  value  of  E  for 
an  increase  of  one  degree  (0.1  ohm)  in  the  mean 
temperature  of  the  experiment  is  about  +0.03 
percent  if  E  is  expressed  in  calories  per  ohm, 
but  is  less  than  0.01  percent  if  E  is  expressed  in 
calories  per  degree.  Hence  if  temperatures  are 
expressed  in  ohms,  then  for  a  precision  of  0.01 
percent,  the  mean  temperature  of  the  calorimeter 
should  be  kept  within  about  0.2  degree  (0.02 
ohm)  of  some  fixed  value,  or  else  the  value  of 
Es  in  each  calibration  experiment  should  be  cor¬ 
rected  to  some  standard  temperature,  and  the 
mean  value  of  Es  for  this  standard  temperature 
should  be  corrected  to  the  actual  mean  temper¬ 
ature  of  each  measurement  of  heat  of  combustion. 
The  greater  change  with  temperature  of  Es  ex¬ 
pressed  in  calories  per  ohm  is  due  to  the  fact  that 
the  resistance  of  the  thermometer  is  not  a  linear, 
function  of  temperature,  i.e.,  the  fact  that  At/AR 
is  not  constant. 

A  convenient  check  on  the  behavior  of  the 
calorimeter  and  the  correctness  of  the  temperature 
measurements  may  be  obtained  by  calculating 
the  “cooling  constant,”  k,  of  the  calorimeter. 
This  is  defined  by 


d.  Example  Illustrating  the  Calculations  of  E  and  E, 

The  calculation  of  E  may  be  illustrated  by  an 
example,  using  the  following  data  taken  from 
preceding  sections  as  indicated. 

Weight  benzoic  acid,  ms=  1.52188  g  (sec.  3.2  a) 
Heat  of  combustion  of  benzoic  acid,  $c  =  6317.9 
cal/g  (sec.  5.1. a) 

Firing  energy  (2  cm  fuse  wire),  c'i  =  5.2  cal  (sec. 
^  5.1. b) 

Correction  for  nitric  acid,  c2=3.3  cal  (sec.  5.1.b) 
Corrected  resistance  change,  A.ff  =  0. 289966  ohm 
(sec.  5.1.c) 

Corrected  temperature  change,  At=2. 87462  deg 
C  (A£/Atf=9.91364) 

Oxygen  pressure  at  28.0°,  P=32.1  atm  abs 
(sec.  5.1. a) 

Substituting  the  above  values  in  eq  (1),  the  value 
of  E  is  found  to  be 


£’= 


1.52188X6317.9+5.2+3.3 

0.289966 


=33188.7  cal/ohm 


1.52188X6317.9+5.2+3.3 

2.87462 


=3347.78  cal/deg. 


To  reduce  the  above  values  of  E  to  the  cor¬ 
responding  values  of  Es,  the  energy  equivalent  of 
the  standard  calorimeter  system,  it  is  only  neces¬ 
sary  to  subtract  the  heat  capacity  of  the  sample 
of  benzoic  acid,  and  of  the  amount  of  oxygen  in 
excess  of  that  required  to  fill  the  bomb  to  30  atm 
absolute  at  28°  C,  as  follows: 


cal  1°  C 

cal/ohm 

Observed  value  of  E  ...  _  .  .  .. 

3, 347. 78 
0.16 
0.44 

33, 188. 7 
1.6 
4.4 

Heat  capacity  of  excess  oxygen=  (32.1-30.0)  X0.077-- 
Heat  capacity  of  benzoic  acid= 1.522X0.29= _ 

Value  of  Et  .  _ 

3, 347. 18 

33, 182. 7 

18  Strictly  speaking,  the  corrections  to  all  the  coils  used  should  be  applied 
in  calculating  the  mean  value  of  the  resistance.  In  many  cases,  however, 
these  corrections  are  too  small  to  be  significant  in  this  calculation  and  may 
be ‘neglected. 


The  factor  0.077  used  in  calculating  the  correc¬ 
tion  for  excess  oxygen  is  the  increase  in  heat 
capacity  (in  calories  per  degree)  per  atmosphere 
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increase  in  pressure  in  the  bomb  used,  which  lias 
an  internal  volume  of  0.380  liter.  For  a  bomb 
of  volume  V  the  corresponding  factor  is  0.077 
F70.380.  The  factor  0.29  used  in  correcting  for 
the  benzoic  acid  is  the  specific  heat  of  benzoic 
acid  in  calories  per  gram  degree  Celsius.  Both 
factors  are  greater  by  a  factor  of  10  if  E  is  in 
calories  per  ohm  (for  a  thermometer  having  a 
resistance  of  25.5  ohms  at  0°  C). 

5.2.  Calculation  of  Heat  of  Combustion 

Calculate  a  value  of  total  (or  gross)  heat  of 
combustion  at  constant  volume  from  the  data 
of  each  measurement,  using  the  following  formula. 

Qv  (gross) = - - - h  (4) 

11L  g 

where : 

Qv  (gross)  =  total  heat  of  combustion  at  constant 
volume  at  the  final  temperature  of 
the  experiment,  in  IT  calories  per 
gram. 

E=  energy  equivalent  of  the  calorimeter  as 
used,  in  IT  cal/deg  (or  IT  cal/ohm) 

At  =  corrected  temperature  rise  of  calorim¬ 
eter  in  degrees  (or  ohms) 

m,=mass  of  sample,  in  grams 


The  factor  0.51  used  in  calculating  the  heat 
capacity  of  the  sample  is  the  specific  heat  of 
gasoline  19  at  26.5°C  in  cal/g°C.  The  factor 
0.077  used  in  calculating  the  heat  capacity  of  the 
excess  oxygen  is  defined  in  section  5.1.d.  Both 
factors  are  greater  by  a  factor  of  10  if  E,  is  in 
calories  per  ohm  (for  a  thermometer  having  a 
resistance  of  25.5  ohms  at  0°C).  The  heat 
capacity  of  the  glass  bulb  (less  than  0.1  g)  used 
to  enclose  the  sample  of  gasoline  may  be  neglected. 

b.  Corrected  Temperature  Rise 

Directions  for  calculating  the  corrected  temper¬ 
ature  rise  are  given  in  section  5.1.c.  The  value 
to  be  used  in  the  example  to  be  given  later  may 
be  taken  as  0.309617  ohm  or  3.06943°C. 

c.  Corrections  c  1,  C2,  C3 

The  correction  Cj  for  firing  energy  with  a  2-cm 
length  of  fuse  wire  may  be  taken  as  5.2  cal.  The 
corrections  c2  and  c3  are  calculated  as  follows: 
The  correction  c2  is  calculated  as  if  all  the  acid 
found  by  titration  were  nitric  acid,  as  described  in 
section  5.1.b.  Thus  if  it  required  14.2  ml  of 
0.0987  N  sodium  hydroxide  to  neutralize  the  total 
acid  the  correction  c2  would  be  given  by  c2  — 
14.2X14.0X0.0987=19.6  cal.  If  the  test  for 
sulfur  showed  0.0042  g  sulfur  present  in  the  bomb 
washings  the  correction  for  sulfuric  acid,  as  given 
in  section  3.2.f.,  would  be  c3=1400X0. 0042  =  5. 9 
cal. 

d.  Calculation  of  Qv  (gross) 


Ci  =  firing  energy,  in  calories 

c2— correction  for  energy  of  formation  of 
nitric  acid,  in  calories 

c3= correction  for  energy  of  formation  of 
sulfuric  acid,  in  calories. 

a.  Energy  Equivalent  of  Calorimeter  as  Used 

The  calorimeter  as  used  differs  from  the  stand¬ 
ard  calorimeter  because  it  contains  the  sample  of 
fuel  and  because,  in  general,  the-  absolute  pressure 
of  the  oxygen  at  28°  differs  from  30.0  atm. 

The  energy  equivalent  E  of  the  calorimeter  as  used 
is  obtained  by  adding  to  the  energy  equivalent 
Es  of  the  standard  calorimeter  the  heat  capacity 
of  the  charge  of  combustible  and  the  heat  capacity 
of  the  oxygen  in  excess  of  that  required  to  fill  the 
bomb  to  30.0  atm  absolute  at  28°  C.  The  calcula¬ 
tion  is  illustrated  as  follows,  taking  the  sample 
of  combustible  as  0.92231  g  of  gasoline,  and  the 
oxygen  pressure  at  28.0°  as  29.0  atm  absolute: 


cal/°C 

cal/ohm 

Energy  equivalent  of  standard  calorimeter,  E.-.-  = 
Heat  capacity  of  excess  oxygen,  (29.0-30.0)X0.077.= 
Heat  capacity  of  sample,  0.922X0.51 _ = 

Energy  equivalent  of  calorimeter  as  used,  E~ 

3, 347. 18 
-.08 
+.  47 

33, 182. 7 
-0.8 
+4.7 

3, 347.  57 

33, 186. 6 

Substituting  the  values  of  E  in  calories  per 
degree  (or  calories  per  ohm),  At  (or  A R),  cu  c2,  c3, 
and  ms  given  in  sections  5. 2. a.,  b.,  and  c.  into  formu¬ 
la  (4)  yields: 


Qv  (gross) 


3347.57X3.06943-5.2-19.6-5.9 

0.92231 


or 


Qv  (gross) 


33186.6X0.309617-5.2  —  19.6-5.9 
0.92231 


Both  of  these  expressions  yield  the  value  11107.4 
cal/g  weight  in  air  for  the  total  (or  gross)  heat  of 
combustion  of  the  liquid  gasoline  at  constant 
volume.  The  corresponding  value  in  terms  of 
engineering  units  is 

Q,  (gross)  =  11107.4X1.8  =  19993  Btu/lb. 

The  method  of  calculation  is  such  that  the  value 
obtained  for  Qv  (gross)  is  referred  to  the  final 
temperature  of  the  calorimeter,  in  this  case 
28.1°  C.  The  observed  value  may  be  reduced  to 
the  standard  temperature  of  25°  by  means  of  the 
following  formula : 


»  Taken  from  NBS  Miscellaneous  Publication  M97  [15]  for  a  gasoline 
having  an  API  gravity  of  70.  Values  of  heat  capacity  of  petroleum  products 
given  in  this  publication  for  a  temperature  of  80b  F  range  from  0.42  to  0.52  for 
API  gravities  ranging  from  10  to  80. 
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574278  0  -  61  -  25 


Qv  (gross, 25°  C)  =  QV  (gross,/0  C)+A(t— 25)  (5) 

Where  the  value  ol'  the  factor  A  is  given  in  the 
following  table.20 


()y  (gross) 

A 

O,  (gross) 

A 

Btu/lb 

O 

•o 

Btu/lb 

Btu/lb°  C 

18,500 

0.68 

19.  600 

1.  14 

18, 600 

.72 

19,  700 

1.  18 

18,  700 

.76 

19,  800 

1.22 

18,800 

.80 

19,  900 

1.26 

18,900 

.85 

20,  000 

1.30 

19,000 

.89 

20, 100 

1.35 

19, 100 

.93 

20,  200 

1.39 

19.200 

.97 

20,  300 

1.43 

19,  300 

1.01 

20,  400 

1.  47 

19,  400 

1.05 

20,  500 

1.  51 

19,500 

1.09 

20,  600 

1.55 

Substituting  the  value  of  Qv  (gross,  28.1°  C)  = 
19993  Btu/lb  and  the  corresponding  value  A— 1.30 
from  the  above  table  in  eq  (5)  we  obtain 

Q,  (gross,  25°  0  =  19993  +  1.30  X  3.1  = 

19997  Btu/lb. 


“The  values  of  A  were  calculated  using  the  specific  heats  of  liquid  petroleum 
fuels,  of  gaseous  oxygen  and  carbon  dioxide,  and  of  liquid  water.  The  masses 
of  oxygen  consumed  and  of  carbon  dioxide  and  water  formed  in  combustion  of 
unit  mass  of  fuel  were  obtained  from  an  empirical  relation  between  Q„  (gross) 
and  hydrogen  content.  See  reference  f5].  In  general,  the  change  in  Q,  gross 
(Btu/lb)  with  temperature  for  any  fuel  may  be  calculated  from  the  relation 
dQv  (gross) Idt—Kv  (reactants)  —K y  (products). 

Here  Ku  (reactants)  denotes  the  heat  capacity  at  constant  volume  of  1  lb 
of  fuel  plus  the  oxygen  consumed  in  its  combustion,  and  K„  (products) 
denotes  the  heat  capacity  of  the  products  of  combustion  of  one  pound  of  fuel, 
including  gaseous  carbon  dioxide  and  liquid  water.  In  calculating  A'„  the 
heat  capacities  of  solids  and  liquids  may  be  taken  as  heat  capacities  at  con¬ 
stant  pressure. 


e.  Calculation  of  Qp  (net) 

If  the  hydrogen  content  of  the  fuel  is  known  the 
value  of  the  net  heat  of  combustion,  QP  (net,  25°), 
can  be  calculated  from  that  for  Qv  (gross)  b}r 
means  of  the  following  formula  [4] : 

Qp  (net,  25°  C )  =  QV  (gross,  25°  C)—  (6) 

91.23  (%H) 

Thus  if  Qv  (gross,  25°  C)  =  19997  Btu/lb  and 
(%H)  =  13.9,  we  obtain 

Qp  (net,  25°  0  =  19997  —  91.23X13.9  = 

18729  Btu/lb. 

If  the  hydrogen  content  of  the  fuel  is  not  known, 
an  approximate  value  for  Op  (net,  25°  C)  can  be 
calculated  from  the  following  empirical  relation : 

Qp  (net,  25°  C)  (7) 

=  4310  +  0.7195  Qv  (gross,  25°  C). 

Substituting  the  value  Qv  (gross,  25°  C)  =  19997 
Btu/lb  in  this  equation  we  obtain 

Qp  (net,  25°  C)  =  4310  +  0.7195X19997 

=  18698  Btu/lb  (approximate) 

Equation  (6)  is  preferable  to  eq  (7)  for  calculating 
net  from  gross  heat  of  combustion,  since  the  latter 
equation  is  purely  empirical.  A  fairly  accurate 
value  of  (%H)  is  required  in  eq  (6),  since  an  error 
of  0.1  in  this  quantity  introduces  an  error  of  about 
0.05  percent  in  Qp  (net). 


6.  References 


[1]  ASTM  Method  D  240-57T.  ASTM  Standards  7, 

143,  (1958). 

[2]  ASTM  Method  D  271-58,  ASTM  Standards,  8, 

999  (1958). 

[3]  F.  D.  Rossini,  Experimental  thermochemistry  (Inter- 

science  Publishers,  New  York,  N.Y.,  1956),  and  the 
references  there  cited. 

[4]  R.  S.  Jessup  and  C.  S.  Cragoe,  Nat.  Advisory  Comm. 

Aeronaut.  Tech.  Note  No.  996  (1945)  (copies  not 
available) . 

[5]  S.  Rothberg  and  R.  S.  Jessup,  Ind.  Eng.  Chem.  43, 

981  (1951). 

[6]  R.  S.  Jessup  and  J.  A.  Cogliano,  ASTM  Bull.  No.  201 

(Oct.  1954). 

[7]  G.  T.  Armstrong,  R.  S.  Jessup,  and  T.  W.  Mears, 

Chem.  Eng.  Data  Ser.  3,  20  (1958). 

[8]  H.  C.  Dickinson,  Bui.  BS  11,  189  (1914)  S230. 
[91  N.  S.  Osborne,  H.  F.  Stimson,  and  T.  S.  Sligh,  Bui. 

BS  20,  119  (1925)  S503. 

[10]  C.  H.  Meyers,  J.  Am.  Chem.  Soc.  45,  2135  (1923). 

[11]  T.  W.  Richards  and  F.  Barry,  J.  Am.  Chem.  Soc.  37, 

993  (1915). 

[12]  H.  N.  Davis,  Mech.  Eng.  51,  791  (1929). 

[13]  See  for  example: 

(a)  N.  Irving  Sax,  Handbook  of  dangerous  mate¬ 
rials  (Reinhold  Publishing  Corp.,  New  York, 
N.Y.,  1951). 


(b)  Manufacturing  Chemists  Association,  General 

Safety  Committee,  Guide  for  safety  in  the 
chemical  laboratory  (D.  Van  Nostrand  and 
Co.,  New  York,  N.Y.,  1954). 

(c)  National  Safety  Council,  Accident  prevention 

manual  for  industrial  operations  (Chicago, 
Ill.,  1951). 

(d)  National  Board  of  Fire  Underwriters,  National 

electrical  code  (Chicago,  Ill.,  1940). 

[14]  ASTM  Method  D  129-58,  ASTM  Standards  8, 

81  (1955). 

[15]  C.  S.  Cragoe,  Thermal  Properties  of  Petroleum  Prod¬ 

ucts,  NBS  Misc.  Publ.  M97  (this  paper  is  out  of 
print  but  may  be  found  in  many  public  libraries). 

[16]  E.  J.  Prosen  and  F.  D.  Rossini,  J.  Research  NBS  27, 

289  (1941)  RP1420. 

[17]  J.  Coops,  D.  Mulder,  J.  W.  Dienske,  and  J.  Smitten- 

berg,  Rec.  trav.  chim.  66,  153  (1947). 

[18]  E.  W.  Washburn,  J.  Research  NBS  10,  525  (1933) 

RP546;  see  also  chapters  5  and  6  of  reference  [3]. 

[19]  F.  K.  Harris,  Electrical  measurements,  p.  57  (John 

Wiley  &  Sons,  Inc.,  New  York,  N.Y.,  1951). 

[20]  E.  J.  Prosen,  W.  H.  Johnson,  and  Florence  Y.  Pergiel, 

J.  Research  NBS  62,  43  (1959)  PP2927. 


378/16 


7.  Appendix 


7.1.  Apparatus 

The  major  items  of  apparatus  used  in  bomb- 
calorimetric  measurements  on  fuels  at  the  National 
Bureau  of  Standards  are  listed  in  table  2.  On  the 
basis  of  prices  listed  in  manufacturers’  catalogs  at 
the  present  time  (1959),  the  estimated  total  cost 
of  replacement  of  the  equipment  listed  is  in  the 
neighborhood  of  $15,000. 


Table  2.  Major  items  of  equipment  used  in  measurement 
of  heats  of  combustion  of  liquid  fuels  at  the  National 
Bureau  of  Standards 


Mueller  bridge. 

Set  of  weights  for  above. 

Resistance  thermometer. 

Oxygen  purifier. 

Galvanometer. 

Temperature  controller  for  oxygen 

Calorimeter,  jacket,  and  thermo- 

purifier. 

stat. 

Laboratory  table  for  bridge. 

Combustion  bomb. 

Laboratory  bench. 

Platinum  crucibles  and  fittings. 

Pellet  press. 

Balance. 

Reducing  valve. 

Set  of  class  M  weights  for  above. 
Heavy  duty  balance 

Julius  suspension. 

The  approximate  arrangement  of  the  calorimeter 
and  accessory  apparatus  is  shown  in  figure  4.  The 
reading  station  R  provides  support  for  the  lamp  L 
and  ground  glass  scale  S,  as  well  as  for  some  elec¬ 
trical  equipment  for  measurements  not  covered  in 
this  Monograph.  It  also  contains  a  convenient 
“desk”  for  use  in  recording  the  data  of  bomb  calo¬ 
rimetric  experiments.  The  arrangement  of  the 
equipment  for  purifying  oxygen  and  admitting  it 
to  the  bomb  is  shown  schematically  in  figure  5. 

The  arrangements  shown  in  figures  4  and  5  are 
not  necessarily  the  best  under  all  circumstances. 
For  example,  the  bench  BE  (fig.  4)  is  considerably 
larger  than  necessary  for  the  calorimeter  alone,  as 
part  of  this  table  is  used  for  other  purposes. 

The  essential  features  of  the  various  items  of 
apparatus  are  described  below.  Items  not  obtain¬ 
able  commercially,  and  modifications  of  com¬ 
mercial  items  are  described  in  considerable  detail. 


Figure  5.  Arrangement  of  apparatus  for  admitting  oxygen 
to  bomb. 

B,  bomb;  D,  dryer;  Q,  pressure  gage;  N,  needle  valve;  O,  oxygen  cylinder; 
P,  oxygen  purifier;  and  R,  reducing  valve. 

a.  Bridge 

The  bridge  used  is  a  special  Mueller  bridge 
designed  especially  for  bomb-calorimetric  measure¬ 
ments.  It  is  substantially  equivalent  to  the  com¬ 
mercially  available  bridge  designated  as  G- 2.  In 
addition  to  the  usual  10-,  20-,  30-ohm  coils  of 
the  10 X  10-ohm  decade  this  bridge  has  a  20.5-ohm 
coil.  Such  a  coil  is  useful  in  bomb-calorimetric 
measurements,  where  the  change  in  resistance  of 
the  thermometer  in  an  experiment  is  of  the  order 
of  0.3  ohm,  since  it  makes  it  possible  to  avoid  a 
change  in  setting  of  the  dial  of  the  10Xl-obm 
decade  which  would  otherwise  be  necessary  in 
certain  circumstances.  Thus  if  the  initial  and 
final  resistances  of  the  thermometer  are  27.8721 


0  1  2  3  4  5 

FEET 

Figure  4.  Arrangement  of  calorimetric  apparatus. 

BE,  bench;  C,  calorimeter;  BR,  bridge;  G,  galvanometer;  L,  light  source;  M,  stirring  motor;  R,  reading  station;  and  S,  ground  glass  scale. 
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and  28.1806,  the  corresponding  dial  settings  with 
the  20.5-ohm  coil  would  be  20.5  +  7.3721  and 
20.5  +  7.6806  and  the  change  in  dial  setting  would 
involve  only  the  10X0. 1-ohm  and  lower  decades. 
If  no  20.5-ohm  coil  were  available,  it  would  be 
necessary  to  change  the  dial  setting  of  the  10X1- 
ohm  decade  from  7  to  8  at  a  time  when  the  tem¬ 
perature  of  the  calorimeter  was  rising  very  rapidly. 
This  would  greatly  increase  the  difficulty  of  follow¬ 
ing  the  temperature  of  the  calorimeter  during  the 
period  of  rapid  temperature  rise,  and  might  also 
involve  a  larger  correction  to  the  observed  change 
in  resistance  of  the  thermometer. 

b.  Thermometer 

The  platinum  resistance  thermometer  has  a 
resistance  of  approximately  25.5  ohms  at  0°  C. 
It  is  of  the  strain-free  type  with  coil  windings  very 
close  to  the  wall  of  the  enclosing  glass  tube.  It 
was  purchased  under  a  specified  requirement  that 
the  temperature  of  the  coil  with  a  current  of  1  ma 
flowing  through  it  should  not  exceed  that  of  the 
bath  in  which  the  thermometer  is  immersed  by 
more  than  0.0003°  C.  Calorimetric  resistance 
thermometers  enclosed  in  metal  sheaths  are  avail¬ 
able  commercially.  These  are  less  subject  to 
breakage  than  glass-enclosed  thermometers,  but 
are  subject  to  damage  from  bending  the  metal 
sheath.  Such  damage  might  not  be  obvious  on 
casual  examination,  but  could  be  detected  by 
periodic  determination  of  the  ice  point  of  the 
thermometer. 

c.  Galvanometer 

The  galvanometer  has  a  sensitivity  of  about 
0.2  /iv/mm  at  1  m,  an  external  critical  damping 
resistance  of  40  ohms  and  a  period  of  about  5  sec. 
The  damping  resistance  used  is  so  chosen  that  the 
galvanometer  is  slightly  underdamped.  The  gal¬ 
vanometer  is  protected  from  air  currents  and 
abrupt  changes  in  temperature  by  an  enclosure 
made  of  cork  pipe  covering  (for  6  in.  pipe)  about 
10  in.  in  outside  diameter.  The  galvanometer  is 
supported  by  a  Julius  suspension,  which  is  very 
effective  in  reducing  the  effect  of  vibrations. 

d.  Bomb 

The  combustion  bomb  21  is  made  of  a  corrosion- 
resistant  alloy  (Illium).  It  is  provided  with  a 
check  valve  for  admitting  oxygen  and  also  with  a 
needle  valve  for  releasing  the  gases  contained  in  it. 
It  is  sealed  by  a  self-sealing  neoprene  gasket. 
The  original  bomb  has  been  modified  by  replacing 
the  three  supporting  feet  furnished  with  it  by  new 
ones  of  monel  metal  about  12  mm  in  height.  This 
permits  freer  circulation  of  water  under  the  bomb. 

The  base-metal  electrode  inside  of  the  bomb, 
and  the  crucible-support  rod  were  cut  off  leaving 
lengths  of  about  3  cm  from  the  point  at  which  they 
enter  the  lock  nuts.  To  the  shortened  electrode 


31  Parr  Instrument  Company  Catalog  No.  1101. 


was  hard  soldered  a  )U  in.  platinum  rod  about  3 
cm  in  length.  To  the  shortened  crucible-support 
rod  was  hard  soldered  a  5-cm  length  of  %  in.  o.d. 
platinum  tube  having  a  0.01  in.  wall.  The  ar¬ 
rangement  of  electrode,  crucible  support,  crucible, 
electric  fuse  and  0.3  mm  platinum  leads  thereto 
is  shown  in  figure  6(a)  (valves  not  shown).  An 
enlarged  view  of  the  platinum  crucible  is  shown 
at  (c)  figure  6.  The  crucible  is  put  in  place  by 
sliding  the  split  tube  (%2  in.  o.d.)  shown  at  the 
right  of  figure  6(c)  over  the  end  of  the  %  in. 
platinum  crucible-support  tube  referred  to  above 
until  the  fuse  is  nearly  in  contact  with  the  sample 
of  combustible.  The  split  tube  may  be  deformed 
slightly  with  the  fingers  to  make  it  fit  the  }g  in. 
tube  tightly  enough  to  be  held  in  place  by  friction. 
The  length  of  the  crucible-support,  and  the  posi¬ 
tion  of  the  crucible  on  this  support  should  be  such 
that  the  crucible  cannot  come  in  contact  with  the 
water  in  the  bottom  of  the  bomb  when  the  bomb 
is  assembled.  If  the  crucible  should  come  in 
contact  with  the  water,  combustion  will  be  in¬ 
complete. 


(f) 

Figure  6.  Bomb  and  accessories. 

(a)  Bomb,  showing  arrangement  of  crucible,  crucible  support,  electrode, 
etc.  (Valves  not  shown,  see  fig.  1);  (b)  Binding  post  and  lead  wire;  (c)  En¬ 
larged  view  of  crucible;  (d)  Platinum  lead  flattened  at  end;  (e)  Fuse  wire 
attached  to  platinum  leads;  and  (f)  Hook  for  handling  bomb. 

A  supply  of  platinum  lead  wire  is  wound  around 
the  electrode  and  crucible  support  rods  as  shown, 
and  a  sufficient  amount  of  this  to  reach  down  to  the 
crucible  is  unwound  for  each  experiment.  The 
electric  fuse  is  a  2-cm  length  of  Parr  fuse  wire 
(No.  34  AWG  chromel  C)  which  is  formed  into  a 
small  helix  by  winding  it  around  a  rod  about  0.04 
in.  in  diameter.  The  method  of  attaching  the 
fuse  to  the  platinum  leads  is  illustrated  at  (d)  and 
(e),  figure  6.  The  ends  of  the  lead  wires  are  first 
flattened  by  hammering  as  shown  at  (d).  The 
flattened  ends  are  then  bent  and  the  fuse  inserted 
as  shown  at  (e),  after  which  the  turned-up  ends 
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of  the  lead  wires  are  hammered  down  with  a  small 
hammer  or  squeezed  together  with  pliers  to  clamp 
the  ends  of  the  fuse  wires. 

The  terminal  nut  attached  to  the  electrode  out¬ 
side  of  the  bomb  was  replaced  by  one  of  the  form 
shown  at  (a),  figure  6.  The  binding  post  shown 
at  (b),  figure  6,  has  a  split  tube  at  its  lower  end 
which  can  be  slipped  over  the  upper  part  of  the 
terminal  nut,  where  it  fits  tightly  so  as  to  make 
good  electrical  contact.  The  lead  wire  shown  at 
(b),  figure  6,  connects  this  binding  post  to  one  on 
the  calorimeter  jacket  which  is  connected  in  the 
firing  circuit.  This  wire  is  soldered  to  spade-type 
terminals  at  each  end,  the  larger  of  which  normally 
is  permanently  attached  to  the  binding  post  shown 
at  (b).  This  wire  should  be  so  insulated  as  to 
avoid  any  electrical  contact  with  the  calorimeter 
vessel.  With  alternating  current  the  contact  of 
the  lead  wire  and  bomb  electrode  with  the  water 
in  the  calorimeter  does  not  result  in  any  appre¬ 
ciable  electrical  leakage,  provided  actual  metallic 
contact  with  the  calorimeter  vessel  is  avoided. 

e.  Calorimeter  and  Jacket 

The  calorimeter  now  used  for  fuel  testing  is  of 
the  type  described  by  Dickinson  [8].  The  calo¬ 
rimeter  vessel  is  of  the  form  shown  at  (a)  and  (b), 
figure  1.  The  calorimeter  cover  is  in  the  form  of 
a  flat  circular  disk  with  vertical  wall  about  1  cm 
in  height  at  the  edge.  The  holes  OT  and  OL  (fig. 
1(b))  are  surrounded  by  metal  collars  about  1  cm 
high.  The  cover  fits  tightly  enough  inside  of  the 
calorimeter  vessel  so  that  it  is  held  in  place  by 
friction.  Its  lower  surface  is  in  contact  with  the 
water  of  the  calorimeter.  The  calorimeter  vessel 
is  supported  inside  of  the  jacket  by  pins  of  stain¬ 
less  steel,  in  the  manner  described  by  Dickinson 
[8]- 

The  Dickinson  type  calorimeter  was  constructed 
in  the  NBS  shops.  There  is  a  commercially  avail¬ 
able  “submarine”  calorimeter,  22  based  on  a  design 
developed  at  the  National  Bureau  of  Standards 
[20],  which  has  been  found  to  be  substantially 
equivalent  in  performance  to  the  Dickinson  calo¬ 
rimeter.  The  submarine  calorimeter  is  supplied 
without  a  thermostat  for  the  jacket  bath,  so  that 
a  thermostat  for  controlling  the  bath  temperature 
to  a  few  thousandths  of  a  degree  must  be  purchased 
or  constructed. 

The  thermostat 23  used  with  the  particular  Dick¬ 
inson  type  calorimeter  used  for  fuel  testing  is 
similar  to  one  previously  described  by  Osborne, 
Stimson,  and  Sligh  [9].  It  consists  of  a  “bulb” 
filled  with  toluene  and  connected  to  a  glass  capil¬ 
lary  U-tube  (1.5  mm  i.d.)  containing  mercury. 
Expansion  of  the  toluene  as  a  result  of  rising  tem- 

22  Catalog  No.  63090,  Precision  Scientific  Co.,  Chicago,  Ill.  This  calorim¬ 
eter  embodies  an  improved  method  of  supporting  the  calorimeter  vessel  inside 
of  the  jacket  [20], 

23  Temperature-control  units  for  which  a  control  accuracy  of  0.001°  C.  is 
claimed  are  available  commercially.  Numerous  other  temperature-control 
devices  are  described  in  the  literature.  See  for  example  the  papers  cited  in 
reference  [3].  For  any  temperature-control  unit  it  is  important  that  the  rela¬ 
tive  locations  of  heater,  stirrer,  and  temperature-sensing  element  should  be 
as  shown  in  figure  1,  that  is,  the  hath  liquid  should  flow  from  the  heater, 
through  the  stirring  propeller,  and  over  the  temperature-sensitive  element  by 
the  shortest  path  possible. 


perature  causes  the  mercury  to  make  contact  with 
a  needle  closing  an  electrical  circuit  through  an 
electronic  relay  24  which  shuts  off  the  current  in 
the  electric  heater  in  the  jacket  bath.  The  “bulb” 
TB  (fig.  1)  consists  of  about  3  m  of  3i6  in.  copper 
tubing  with  0.01  in.  wall  thickness  wound  into  a 
helix  and  so  located  in  the  same  tubular  housing 
as  the  jacket  bath  stirrer  that  the  water  flows  over 
the  bulb  immediately  after  leaving  the  stirrer. 
The  glass  U-tube  and  attached  valve  for  admitting 
or  removing  toluene  are  shown  in  figure  7.  The 
valve  has  tubular  openings  at  the  top  and  bottom 
for  attaching  the  reservoir  B  and  the  capillary 
U-tube  as  described  below. 


Figure  7.  Valve  and  glass  parts  of  thermostat. 

V,  valve;  TB,  tube  to  thermostat  bulb;  B,  toluene  reservoir;  F,  capillary 
U-tube;  E,  enlargement  in  capillary;  H,  platiuum  wire;  L,  leads  to  relay; 
C,  Pyrex  tube;  D,  brass  cap;  S,  screw;  and  N,  steel  needle. 

The  Pyrex  reservoir  B  contains  a  supply  of 
toluene  which  is  separated  from  that  in  the  “bulb” 
TB  (fig.  1)  by  the  valve  V  when  it  is  closed.  This 
valve  is  opened  when  the  calorimeter  is  shut  down 
thus  permitting  toluene  to  flow  from  the  reservoir 
into  the  bulb  as  the  bath  cools.  Failure  to  open 
the  valve  when  the  bath  cools  usually  results  in 
air  being  drawn  into  the  system  through  the 
capillary  F  (fig.  7).  The  Pyrex  bulb  C  (fig.  7) 
also  contains  toluene  which  protects  the  mercury 
surface  in  the  capillary  from  oxidation.  The  en¬ 
largement  E  in  the  capillary  is  larger  in  volume 
than  the  mercury  in  the  capillary  so  that  no  mer¬ 
cury  will  be  drawn  into  the  metal  parts  of  the 
system  if  the  valve  V  is  inadvertently  left  closed 
when  the  calorimeter  is  shut  down. 

24  American  Instrument  Company  Catalog  No.  4-5301. 
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Electrical  connection  between  the  Valve  V  and 
the  mercury  in  the  capillary  U-tube  is  provided  by 
a  platinum  wire  H,  long  enough  to  reach  from 
the  top  of  the  capillary  to  near  the  bottom  of  the  U. 
The  upper  end  of  the  wire  is  flattened  and  bent  at 
a  right  angle  to  the  rest  of  the  wire  so  as  to  insure 
electrical  contact  with  the  valve. 

The  glass  reservoir  B  and  the  capillary  glass  U- 
tube  are  soldered  into  the  tubular  openings  in  the 
brass  valve  V  with  pure  tin  following  the  procedure 
described  by  Meyers  [10]. 

To  fill  the  thermostat  with  toluene  the  tube 
C  (with  cap  D  removed)  is  connected  to  a  large 
bulb  G  above  C  (at  least  250  cm3,  not  shown  in 
fig.  7)  by  means  of  a  short  piece  of  Tygon  tubing. 
Somewhat  more  than  enough  toluene  to  fdl  the 
thermostat  is  placed  in  the  bulb  G,  and  some  is 
also  placed  in  the  reservoir  B.  Air  can  be  removed 
from  the  thermostat  system  by  heating  the 
“bulb”  ( TB ,  fig.  1)  to  about  100°  C  and  repeatedly 
evacuating  the  bulb  G  above  the  toluene  and 
then  admitting  air.  To  test  for  air  in  the  system, 
air  is  admitted  above  the  toluene  in  G,  the  valve 
V  is  opened,  the  toluene  meniscus  is  brought 
into  the  capillary  at  F,  and  the  valve  is  closed. 
If  the  system  is  free  of  air,  moderate  air  pressure 
applied  by  mouth  above  the  toluene  will  not 
cause  a  movement  of  the  meniscus  in  the  capil¬ 
lary  of  more  than  0.2  or  0.3  mm.  The  removal 
of  air  from  the  system  should  be  done  before 
introducing  mercury  into  the  capillary.  If  air 
is  inadvertently  admitted  to  the  system  after 
mercury  has  been  introduced  into  the  capillary, 
the  mercury  should  be  removed  before  attempting 
to  remove  the  air. 

In  preparing  for  a  calorimetric  experiment  the 
jacket  is  first,  heated  to  the  desired  temperature, 
the  heating  current  is  reduced  to  slightly  more 
than  enough  to  maintain  the  temperature  con¬ 
stant,  and  the  valve  V  is  closed.  Final  adjust¬ 
ment  of  the  temperature  can  be  made  by  moving 
the  needle  N  up  or  down  by  rotating  the  cap 
D  relative  to  the  screw  S  (fig.  7).  The  heating 
current  should  be  adjusted  so  that  the  on  and 
off  periods  are  about  equal  in  length. 

The  method  of  bringing  the  firing  leads  through 
the  jacket  is  illustrated  in  figure  1(c).25  Two 
metal  rods,  one  of  which  is  shown  at  B ,  are  ce¬ 
mented  with  wax  into  tubes  T  which  pass  through 
the  jacket,  so  that  the  rods  are  insulated  from  the 
jacket.  Each  rod  is  drilled  and  tapped  at  each 
end  for  a  4-40  brass  screw,  which  is  used  to  clamp 
the  terminal  of  the  lead  wire  between  the  two 
washers,  IF,  thus  forming  a  binding  post  at  each 
end  of  the  rod.  The  terminal  at  the  left  end  of  the 
lead  wire  shown  in  figure  1(d)  is  attached  per¬ 
manently  to  one  of  the  inner  binding  posts  and  the 
clip  at  the  other  end  of  the  wire  (d)  is  slipped 
over  the  edge  of  the  calorimeter  vessel  when  it  is 


25  This  method  is  not  applicable  to  some  types  of  calorimeters,  for  example, 
submarine  calorimeters.  The  important  feature  of  the  method  is  that  the 
leads  are  in  good  thermal  contact  with  the  jacket,  but  are  electrically  insulated 
from  it. 


assembled  preparatory  to  making  an  experiment. 
The  other  lead  wire,  from  the  binding  post  on  the 
bomb  (see  fig.  6(b)),  is  attached  to  the  other  inner 
binding  post  after  the  bomb  has  been  put  in  the 
calorimeter  and  the  calorimeter  cover  has  been 
put  in  place.  The  two  outer  binding  posts  are 
connected  through  an  ammeter  and  a  switch  to 
a  small  transformer  having  a  secondary  voltage 
of  8  or  10.  The  switch  should  be  of  the  momentary 
contact  push-button  type  normally  open  except 
when  held  closed  by  the  operator. 

f.  Balance  for  Weighing  Samples 

The  balance  used  for  weighing  samples  of  com¬ 
bustibles  is  an  undamped  semimicro  balance 
(capacity  100  g)  having  a  sensitivity  reciprocal 
of  0.14  mg  per  division  on  the  index  scale.  The 
balance  is  provided  with  a  keyboard  arrangement 
for  adding  and  removing  weights  from  1  to  100  mg. 
Temperature  gradients  parallel  to  the  balance 
beam  are  reduced  by  covering  the  walls  of  the 
balance  case  inside  and  out  with  aluminum  foil, 
and  by  locating  the  balance  where  temperature 
gradients  in  the  room  are  small.  It  has  been 
found,  however,  that  best  results  are  obtained 
with  the  balance  when  there  is  a  vertical  temper¬ 
ature  gradient  such  that  the  top  of  the  balance 
case  is  warmer  by  0.03  to  0.1°  C  than  the  bottom. 

The  weights  used  with  the  balance  are  high- 
grade  one-piece  (class  M)  weights  and  were  cali¬ 
brated  in  the  Mass  and  Scale  Section  of  the 
National  Bureau  of  Standards. 

For  most  purposes  a  good  analytical  balance 
would  be  satisfactory  if  provided  with  high  grade 
calibrated  weights,  and  properly  used. 

g.  Balance  for  Weighing  Calorimeter 

This  is  a  magnetically  damped  heavy  duty 
balance  having  a  capacity  of  5  kg  and  a  sensitivity 
of  about  0.5  mg.  The  tantalum-plated  weights 
used  with  this  balance  are  of  good  quality  but 
are  not  calibrated.  Calibration  was  considered 
unnecessary  since  the  purpose  of  weighing  the 
calorimeter  is  not  to  determine  its  absolute  weight, 
but  to  reproduce  the  same  weight  of  calorimeter 
plus  water  for  each  experiment.  For  this  purpose 
it  is  important  that  the  weights  remain  constant 
in  value,  and  that  the  same  weights  be  used  at  all 
times,  but  the  actual  masses  of  the  weights  used 
need  not  be  known  accurately. 

h.  Oxygen  Purifier 

Combustible  impurities  in  the  oxygen  are  re¬ 
moved  by  passing  it  through  a  cylinder  containing 
cupric  oxide  maintained  at  a  temperature  of 
500°  C  (932°  F).  The  purifier26  consists  essen¬ 
tially  of  a  heavy -walled  alloy-steel  cylinder  having 
inside  dimensions  of  approximately  1  in.  diameter 
by  10  in.  length,  and  capable  of  withstanding 
a  pressure  of  at  least  2500  psi  at  500°  C.  The 
cylinder  is  provided  with  an  electric  heater.  It 

26  American  Instrument  Company  1942  Catalog  No.  406-31. 
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has  inlet  and  outlet  at  opposite  ends,  and  a  well 
for  inserting  a  thermocouple  for  measurement  of 
temperature.  The  cylinder  is  filled  with  wire-form 
cupric  oxide.  The  temperature  and  oxygen  pres¬ 
sure  in  the  purifier  should  not  be  allowed  to  rise 
above  values  consistent  with  safety.  The  manu¬ 
facturers  recommendations  regarding  safety  pre¬ 
cautions  should  be  adhered  to  rigidly.  The 
strength  of  materials  decreases  rapidly  with  in¬ 
creasing  temperature. 

The  temperature  of  the  purifier  can  be  con¬ 
trolled  by  means  of  a  “Fail  safe”  controller.  Such 
controllers  are  available  commercially.27  The 
pressure  is  easily  controlled  by  a  reducing  valve 
attached  to  the  oxygen  cylinder. 

i.  Laboratory  Table  for  Bridge 

This  table  should  be  large  enough  to  accom¬ 
modate  the  bridge  comfortably,  and  of  a  height 
which  will  afford  convenience  in  the  manipulation 
of  the  bridge  dials.  A  table  22  in.  square  by 
18  in.  high  is  convenient  for  use  with  a  G-2  bridge 
as  it  allows  space  for  batteries,  etc 

j.  Pressure  Gage 

The  Bourdon  pressure  gage  used  has  a  6  in.  dial 
and  is  graduated  from  0  to  800  psi  in  steps  of  10 
psi,  so  that  it  can  be  read  to  about  1  or  2  psi. 
The  gage  was  calibrated  in  the  Mechanical  Instru¬ 
ments  Section  of  the  NBS  and  was  set  so  as  to 
read  correctly  at  450  psi. 

7.2.  Glass  Sample  Bulbs 

For  measurements  of  heat  of  combustion  of 
kerosenes,  gasolines,  or  other  volatile  liquids 
it  is  necessary,  in  order  to  permit  accurate  weigh¬ 
ing  of  the  sample  and  to  insure  that  it  is  all  in  the 
liquid  state  until  it  is  ignited  in  the  bomb,  to 
enclose  the  sample  in  a  thin-walled  glass  bulb, 
so  constructed  and  filled  that  it  will  not  break 
under  the  pressure  of  the  oxygen.  The  type  of 
bulb 28  used  in  testing  of  volatile  fuels  at  the 
National  Bureau  of  Standards,  and  the  method 
of  making  such  bulbs  are  illustrated  in  figure  8. 
Attempts  to  obtain  bulbs  of  this  type  from  manu¬ 
facturers  of  glass  laboratory  apparatus  have  been 
unsuccessful  to  date,  and  such  bulbs  are  therefore 
made  in  our  own  laboratory.  A  brief  description 
of  the  method  of  making  the  bulbs  will  be  given 
below.  It  should  be  recognized,  however,  that 
it  is  virtually  impossible  to  describe  the  method 
in  such  detail  as  to  enable  an  inexperienced 
worker  to  make  bulbs  successfully  on  his  first 
attempt.  The  best  that  can  be  done  is  to  outline 
the  method,  and  to  depend  upon  the  individual 
worker  to  develop  the  necessary  techniques  by 
trial.  It  is  to  be  expected  that  in  the  early 
attempts  failures  will  far  outweigh  successes,  and 
that  a  reasonable  degree  of  skill  can  be  acquired 
only  by  long  and  patient  practice. 

27  For  example  American  Instrument  Company  Catalog  No.  49-9570. 
Arthur  S.  Lapine  and  Company  Catalog  No.  357-70. 

2S  Bulbs  of  this  type  were  first  described,  by  Richards  and  Barry  [11]. 


The  starting  material  for  making  bulbs  is  soft 
glass  tubing  4  to  6  mm  in  outside  diameter.29 
Approximately  2  cm  of  such  a  tube  is  heated  in  a 
moderately  hot  air-gas  flame  of  an  ordinary 
laboratory  blast  burner.  When  the  glass  becomes 
soft  it  is  removed  from  the  flame  and  drawn  down 
to  a  fine  capillary  having  a  minimum  outside 
diameter  of  about  1  mm.  This  procedure  is  then 
repeated  in  such  a  manner  as  to  leave  a  short 
section  of  the  same  diameter  as  that  of  the  original 
tube,  as  shown  at  figure  8(a).  The  two  capillaries 
are  then  broken  at  about  their  midpoints,  leaving 
a  piece  such  as  that  shown  at  figure  8(b).  The 
remaining  glass-working  operations  are  carried 
out  with  an  air-gas  micro  blast  burner  capable  of 
producing  relatively  small  flames.  Using  such  a 
micro  burner  the  piece  illustrated  at  (b),  figure  8, 
is  rotated  and  heated  by  a  small  hot  flame  at  the 
point  indicated  by  the  arrows,  and  is  then  drawn 
down  to  1  mm  outside  diameter.  This  procedure 
is  repeated  on  the  other  side  of  the  enlargement  in 
the  tube,  the  final  product  being  as  illustrated  at 

(c)  ,  figure  8.  This  piece  is  then  rotated  and  heated 
by  a  small  sharp  flame  at  the  center  of  the  enlarge¬ 
ment  as  indicated  by  the  arrow  at  (c),  and  the 
two  halves  of  the  piece  are  pulled  apart  as  shown 
at  (d),  figure  8,  where  the  enlarged  end  of  the 
piece  at  the  left  has  been  reduced  in  size  by  removal 
of  surplus  glass.  This  removal  of  surplus  glass  is 
accomplished  by  heating  the  end  of  the  enlarge¬ 
ment  until  it  softens,  and  then  pulling  off  small 
filaments  of  glass  until  an  enlargement  of  the 
proper  size  remains.  After  such  removal  of 
surplus  glass  from  both  of  the  pieces  shown  at 

(d)  a  spherical  bulb,  not  greater  than  14  mm  in 
diameter,  is  blown  on  each  piece  (fig.  8(e)).  The 
spherical  bulb  is  then  flattened  on  one  side  by 
holding  the  bulb  above  a  small  soft  flame  (no 
primary  air)  about  in.  in  diameter  by  %  in.  high, 
and  gradually  lowering  it  until  the  glass  on  the 
under  side  of  the  bulb  softens  and  flattens.  This 
procedure  is  then  repeated  so  as  to  flatten  the 
opposite  side  of  the  bulb.  The  final  form  of  the 
bulb  is  shown  at  figure  8(f).  The  operations  of 
bringing  the  bulb  down  on  to  the  flame  and 
removing  it  after  flattening  is  complete  should  be 
done  gradually,  since  too  rapid  heating  or  cooling 
of  the  bulb  may  cause  it  to  break. 

The  most  difficult  part  of  the  procedure  just 
described  is  that  of  blowing  a  bulb  of  the  proper 
size.  Success  in  this  operation  depends  in  part 
upon  having  the  proper  amount  of  glass  on  the 
end  of  the  tube  (fig.  8  (d))  and  in  part  upon  the 
type  of  flame  used,  as  well  as  upon  the  procedure 
followed  in  blowing  the  bulb.  A  flame  which 
has  been  found  to  be  satisfactory  is  one  about 
}i  in.  in  diameter  by  %  in.  in  height  with  just 
enough  primary  air  so  that  there  is  a  small  yellow 
tip  in  the  flame.  The  end  of  the  tube  (fig.  8(d)) 
on  which  the  bulb  is  to  be  blown  is  heated  in  the 

29  Pyrex  glass  has  been  found  unsatisfactory  for  this  purpose,  as  unbumed 
carbon  is  usually  found  on  such  glass  after  a  combustion.  This  may  be 
related  to  the  fact  that  the  Pyrex  glass  does  not  melt  completely  when  the 
sample  is  burned,  as  does  soft  glass,  and  therefore  partially  retains  its  original 
form,  thus  inhibiting  access  of  oxygen  to  the  fuel. 
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Figure  8.  Steps  in  making  sample  bulbs. 


flame  until  sufficiently  hot,  and  is  then  removed 
from  the  flame  and  the  bulb  blown  immediately. 
In  order  to  prevent  sagging  of  the  end  of  the 
tube  when  heated,  the  tube  is  held  at  an  angle 
of  about  30°  to  the  vertical  and  is  rotated  about 
its  axis  continuously.  Usually  the  first  few  at¬ 
tempts  to  blow  a  bulb  will  be  unsuccessful  because 
the  initial  size  of  the  bulb  is  so  small  that  a  rela¬ 
tively  high  pressure  will  be  required  to  overcome 
surface  tension  and  the  viscous  resistance  to 
flow  of  the  glass.  If  the  pressure  is  not  high 
enough  the  bulb  will  expand  so  slowly  at  first 
that  the  glass  will  harden  before  the  desired  size 
is  reached.  If  the  pressure  is  high  enough  to 
expand  the  bulb  at  a  sufficiently  high  initial  rate, 
the  bulb  may  suddenly  expand  to  too  large  a 
size  before  the  glass  hardens.  The  ideal  procedure 
would  be  to  blow  very  hard  at  first  and  then  less 
so  as  the  bulb  becomes  larger.  This  is  very  difficult 
to  do  because  the  whole  operation  must  be  carried 
out  in  a  very  short  time  before  the  glass  hardens. 
It  is  therefore  usually  more  successful  to  repeat 
several  times  the  procedure  of  blowing  the  bulb 
to  a  diameter  of  4  or  5  mm  and  then  shrinking 
it  by  heating,  before  attempting  to  blow  the 
bulb  to  the  required  size.  This  procedure  also 
serves  to  provide  a  somewhat  more  uniform  dis¬ 
tribution  of  glass  in  the  final  bulb. 

Too  large  an  amount  of  glass  in  the  bulb  and 
too  hot  a  flame  are  both  conducive  to  too  large 
size  of  the  bulb.  Too  small  an  amount  of  glass 
and  too  low  a  flame  temperature  have  the  opposite 
effect.  Success  in  blowing  a  suitable  bulb  of  the 
proper  size  depends  upon  the  proper  combination 
of  flame  temperature,  amount  of  glass  and  tech¬ 
nique  of  blowing. 

The  spherical  bulb  should  be  not  more  than  14 
mm  in  diameter,  and  the  completed  bulb  should 
not  contain  more  than  about  1.3  cm3  nor  less  than 
0.7  cm3  of  liquid.  The  flat  sides  of  the  bulb  should 
be  thin  enough  to  deflect  visibly,  but  not  so  thin 
as  to  break,  under  moderate  air  pressure  applied 
by  mouth.  The  weight  of  the  glass  in  the  bulb 
after  sealing  off  the  stem  near  the  bulb  should  be 


between  0.05  and  0.10  g.  The  outside  diameter 
of  the  capillary  adjacent  to  the  bulb  should  be 
between  1.0  and  1.3  mm.  The  inside  diameter 
should  be  at  least  0.5  mm  and  preferably  a  little 
larger  in  order  to  permit  easy  insertion  of  a-No.  27 
hypodermic  needle  (0.4  mm  diam.)  in  filling  the 
bulb.  The  appearance  of  the  flat  sides  of  a  com¬ 
pleted  bulb  will  give  some  indication  as  to  whether 
it  will  be  satisfactory.  Usually  the  flat  sides 
present  a  scalloped  appearance,  although  if  the 
amount  of  glass  in  the  bulb  is  greater  than  normal 
they  may  be  nearly  plane.  If  the  scallops  are  very 
fine,  say  1  mm  or  less  apart,  the  bulb  is  probably 
too  thin  and  fragile  to  be  satisfactory. 

Samples  of  liquid  fuel  can  be  conveniently  intro¬ 
duced  into  the  previously  weighed  glass  bulbs  by 
means  of  a  hypodermic  syringe  fitted  with  a  No.  27 
needle.  The  liquid  should  be  introduced  into  the 
bulb  slowly  in  order  to  permit  escape  of  the  air 
initially  present  without  undue  increase  in  pres¬ 
sure.  The  bulb  should  be  filled  completely  so  that 
the  liquid  extends  up  into  the  enlargement  in  the 
stem  as  indicated  at  figure  8(f).  Usually  a  small 
bubble  will  be  trapped  in  the  bulb  at  the  point 
where  it  joins  on  to  the  stem,  but  such  a  bubble 
can  usually  be  removed  without  too  much  diffi¬ 
culty  with  the  aid  of  the  hypodermic  needle  or  a 
piece  of  wire.  In  filling  the  bulbs  the  usual  safety 
precautions  for  the  handling  of  volatile  organic 
solvents  should  be  taken,  particularly  if  the  fuel 
contains  tetraethyl  lead  [13]. 

In  filling  bulbs  with  very  volatile  liquid  fuels 
such  as  gasolines,  great  care  should  be  taken  to 
avoid  loss  of  material  by  evaporation,  as  this 
causes  fractionation  of  the  material  with  a  conse¬ 
quent  change  in  heat  of  combustion.  The  con¬ 
tainer  should  be  kept  tightly  closed  at  all  times 
except  when  withdrawing  a  sample  with  the  hypo¬ 
dermic  syringe.  The  sample  can  be  withdrawn 
more  quickly  if  the  needle  is  detached  from  the 
syringe.  In  replacing  the  needle  after  withdrawal 
of  the  sample  care  should  be  taken  to  avoid  con¬ 
tact  of  gasoline  with  the  hands,  particularly  if  it 
contains  tetraethyl  lead. 

After  the  bulb  is  filled,  the  capillary  is  sealed  off 
so  as  to  leave  a  stem  about  3  or  4  mm  long  attached 
to  the  bulb.  In  order  to  do  this  the  bulb  must  be 
cooled  so  as  to  draw  the  liquid  out  of  the  capillary, 
and  the  bulb  must  be  protected  from  the  flame  dur¬ 
ing  the  sealing  operation.  To  protect  the  bulb 
from  the  flame  a  small  piece  of  asbestos  paper  with 
a  hole  in  the  center  and  with  a  cut  between  the 
hole  and  the  edge  (fig.  8(g))  is  slipped  over  the 
capillary  via  the  cut  so  that  the  capillary  goes 
through  the  hole,  and  the  piece  of  asbestos  paper  is 
in  contact  with  the  bulb.  The  bulb  is  then  cooled 
by  placing  it  on  a  mass  of  shaved  ice  in  a  beaker, 
or  on  a  copper  plate  in  contact  with  ice,  and  when 
the  meniscus  in  the  capillary  disappears  below  the 
asbestos  paper,  the  capillary  is  sealed  off  with  a 
small  hot  air-gas  flame  and  removed  from  the 
bulb.  The  bulb  should  then  be  removed  promptly 
from  the  ice  to  avoid  possible  breakage  due  to 
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excessive  contraction  of  the  liquid.  The  filled 
bulb  is  conveniently  handled  by  the  short  project¬ 
ing  capillary  by  means  of  forceps  of  the  type  ordi¬ 
narily  used  for  handling  balance  weights.  Parti¬ 
cles  of  asbestos  which  may  adhere  to  the  bulb 
should  be  removed  by  means  of  a  camel’s  hair 
brush.  Any  liquid  remaining  in  the  capillary 
detached  from  the  bulb  in  sealing  it  should  be  re¬ 
moved  before  weighing  the  filled  bulb  together 
with  this  detached  capillary.  If  the  liquid  is 
sufficiently  volatile  it  can  be  removed  by  flaming 
the  capillary  several  times  with  the  micro-burner 
flame.  The  flame  should  be  applied  first  to  the 
closed  end  of  the  capillary,  and  moved  gradually 
to  the  open  end  in  such  a  manner  as  to  avoid  sof¬ 
tening  the  glass.  If  the  liquid  is  of  low  volatility, 


it  should  be  washed  out  with  a  volatile  solvent, 
such  as  benzene  or  petroleum  ether,  introduced 
into  the  capillary  by  means  of  a  hypodermic  syr¬ 
inge  before  flaming  as  described  above. 

When  first  sealed,  the  bulb  may  contain  a  small 
bubble  of  air.  This  will  dissolve  in  the  liquid  after 
a  time  leaving  the  bulb  completely  filled  with 
liquid.  Bulbs  prepared  in  the  manner  described 
should  withstand  changes  in  room  temperature  of 
10°  C  or  more,  and  pressures  of  at  least  30  atm 
(450  psi)  without  breaking. 

Glass  sample  bulbs  of  different  types  have  been 
described  by  a  number  of  workers  [16,  17]. 


Washington,  April  14,  1959. 
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abstract 

New  measurements  yielded  the  value  26428.4 ±2.6  Internationa]  joules  per 
gram  mass  for  the  heat  of  combustion,  QB,  of  benzoic  acid  at  25°  C  under  the 
conditions  of  the  standard  bomb  process.  The  difference,  0.036  percent,  between 
the  above  value  and  that  reported  in  1934  is  due  to  five  factors:  (1)  An  error  in 
the  previous  value,  resulting  from  the  effect  of  dissolved  carbon  dioxide  on  the 
determination  of  the  nitric  acid  formed  in  the  bomb,  (2)  a  change  in  the  value 
used  for  the  energy  of  formation  of  nitric  acid  in  the  bomb,  (3)  taking  account  in 
the  present  work  (in  the  calculation  of  the  value  of  QB  at  25°  from  the  observed 
value  at  30°)  of  the  temperature  dependence  of  the  Washburn  reduction,  (4)  a 
change  in  the  value  used  for  the  temperature  coefficient  of  the  heat  of  combustion, 
arising  from  the  use  of  a  new  value  for  the  specific  heat  of  benzoic  acid,  and  (5) 
a  small  difference  in  the  results  of  the  calorimetric  measurements.  The  1934 
results,  when  corrected  for  the  first  four  of  the  above  effects,  are  in  agreement 
within  0.01  percent  with  the  results  of  the  present  measurements.  The  procedure 
for  correcting  the  results  of  calibration  experiments  originally  calculated  on  the 
basis  of  the  1934  value  of  QB  is  described. 

With  one  exception,  values  of  QB  at  25°  C  calculated  from  the  results  of  previous 
measurements  are  in  satisfactory  agreement  with  the  value  given  above. 

When  the  amount  of  benzoic  acid  burned  in  each  experiment  was  calculated 
from  the  mass  of  carbon  dioxide  formed,  the  present  measurements  yield  the 
value  3226.39  ±0.32  International  kilojoules  per  mole  for  —  A/7°298.i6,  the  de¬ 
crease  in  heat  content  for  the  combustion  reaction  at  25°  C  when  each  of  the  gases 
involved  in  the  reaction  is  in  the  thermodynamic  state  of  the  unit  fugacity  and 
the  water  formed  in  combustion  is  in  the  liquid  state. 
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I.  INTRODUCTION 

Benzoic  acid  has  been  used  many  years  as  a  standard  substance  for 
calibrating  bomb  calorimeters,  and  has  been  selected  as  the  primary 
standard  substance  for  this  purpose  by  the  Standing  Committee  for 
Thermochemistry  of  the  International  Union  of  Chemistry  [l].1  Such 
use  of  benzoic  acid  requires  an  accurate  value,  in  terms  of  some  gen¬ 
erally  acceptable  energy  unit,  for  its  heat  of  combustion  under  the 
conditions  of  the  bomb  process. 

The  results  of  heat  of  combustion  measurements  made  at  this 
Bureau  on  various  lots  of  benzoic  acid  used  as  Standard  Sample 
material  have  been  reported  previously  [2,  3].  Because  impurities 
might  affect  the  heat  of  combustion  of  different  lots  of  benzoic  acid 
by  significantly  different  amounts,  it  has  been  the  practice  at  this 
Bureau  to  determine  the  heat  of  combustion  of  each  lot  of  Standard 
Sample  material. 

The  present  paper  gives  the  results  of  measurements  of  the  heat  of 
combustion  of  two  lots  of  benzoic  acid,  designated  as  Standard  Sam¬ 
ples  39e  and  39f,  and  of  two  samples  of  benzoic  acid  of  a  very  high 
degree  of  purity  that  were  prepared  by  Schwab  and  Wicliers  [4]  of 
this  Bureau. 

These  measurements  were  made  primarily  for  the  purpose  of  pro¬ 
viding  data  for  use  in  connection  with  the  standardization  of  bomb 
calorimeters.  For  this  purpose  the  quantity  of  interest  is  the  heat  of 
combustion  per  gram  of  sample  under  the  conditions  of  the  bomb 
process.  However,  since  material  of  exceptionally  high  purity  was 
available  for  this  work,  it  seemed  worth  while  to  obtain  also  data  on 
the  heat  of  combustion  per  mole  of  benzoic  acid.  The  values  reported 
for  the  heat  of  combustion  per  mole  apply  for  conditions  other  than 
those  of  the  bomb  process,  and  these  values  are  not  suitable  for  use  in 
connection  with  the  standardization  of  bomb  calorimeters. 

II.  APPARATUS  AND  METHOD 

The  essential  features  of  the  apparatus  and  methods  used  in  the 
present  work  have  been  described  in  detail  [2,  3]  previously,  and  only 
a  brief  description  of  them  will  be  given  here.  The  calorimeter  sys¬ 
tem  consists  of  a  nickel-plated  copper  vessel,  of  about  3.5  liters  capac¬ 
ity,  containing  a  weighed  amount  of  water,  provided  with  a  closely- 
fitting  cover  and  an  arrangement  for  stirring  the  water;  an  electric 
heater;  a  bomb  of  377  ml  capacity,  made  of  a  corrosion-resistant  alloy 
(illium);  and  a  platinum  resistance  thermometer.  The  calorimeter  is 
completely  inclosed  by  a  jacket  which  can  be  maintained  at  a  constant 
temperature  by  means  of  a  thermostat,  and  which  is  separated  from 
the  calorimeter  by  a  1-cm  air  space. 

The  method  consists  in  making  two  types  of  experiments  with  the 
calorimeter.  In  one  of  these  a  measured  quantity  of  energy  is  sup¬ 
plied  to  the  system  electrically,  and  the  resulting  temperature  rise 
of  the  calorimeter  is  observed.  In  the  other  type  of  experiment  a 
weighed  sample  of  a  combustible  material  is  burned  in  the  bomb,  and 
the  resulting  temperature  rise  is  observed.  The  first  type  of  experi¬ 
ment  yields  the  energy  equivalent  (effective  heat  capacity)  of  the 
calorimeter  system,  and  when  the  energy  equivalent  is  known  the 

*  Numbers  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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temperature  rise  of  the  calorimeter  in  the  second  type  of  experiment 
is  a  measure  of  the  heat  produced  by  the  combustion.  In  both  types 
of  experiments  the  bomb  contained  1  ml  of  water,  and  oxygen  under 
a  pressure  of  approximately  30  atmospheres.  The  procedure  in  both 
types  of  experiments  was  such  that  the  final  temperature  of  the  calo¬ 
rimeter  was  very  nearly  the  same  as  the  constant  temperature  of  the 
jacket. 

The  apparatus  and  methods  used  in  the  present  work  differ  from 
those  described  in  the  report  of  measurements  made  at  this  bureau  in 
1934  [3]  principally  in  the  following  respects: 

1.  The  power  measurements  in  the  determination  of  the  energy 
equivalent  of  the  calorimetric  system  were  referred  to  a  saturated 
cadmium  standard  cell,  which  was  maintained  at  a  constant  tempera¬ 
ture  by  means  of  a  temperature-control  box  [5].  The  cell  was  cali¬ 
brated  before  each  series  of  energy-equivalent  determinations,  and  its 
electromotive  force  remained  constant  to  2  microvolts  over  a  period  of 
6  months.  Unsaturated  standard  cells  of  the  type  used  in  the  1934 
measurements  have  a  very  low  temperature  coefficient,  but  have  been 
found  to  exhibit  hysteresis  effects  [6]  when  exposed  to  varying  tem¬ 
perature.  Errors  from  this  source  could  be  avoided  by  keeping  the 
cells  at  a  constant  temperature,  but  with  the  temperature  kept 
constant  the  saturated  cells  have  been  found  to  be  more  satisfactory. 

2.  The  Wolff-Diesselhorst  potentiometer  used  for  the  measure¬ 
ments  of  power  was  calibrated  in  place.  The  potentiometer  ratio 
(ratio  of  reading  to  electromotive  force)  was  measured  before  each 
energy-equivalent  determination,  using  two  recently  calibrated 
standard  resistors  [7]. 

3.  The  platinum  resistance  thermometer  used  to  measure  the 
temperature  change  of  the  calorimeter  was  of  the  same  type  as  that 
used  in  the  1934  measurements  [31,  but  it  did  not  exhibit  the  erratic 
behavior  of  the  latter. 

4.  The  Wheatstone  bridge  used  in  connection  with  the  platinum 
resistance  thermometer  was  designed  especially' for  bomb-calorimetric 
measurements  [81. 

5.  The  “constant  range”  method  [9,  311  was  used,  that  is,  all  cali¬ 
bration  and  combustion  experiments  were  made  over  very  nearly  the 
same  range  of  temperature.  This  procedure  largely  eliminates  the 
effect  of  constant  errors  in  calibration  of  the  Wheatstone  bridge  and 
of  peculiarities  in  the  temperature  scale  defined  by  the  thermometer. 

6.  In  some  of  the  measurements  the  amount  of  carbon  dioxide 
formed  in  combustion  was  determined  in  the  manner  described  in 
1938  [10]. 

III.  CALIBRATION  OF  THE  CALORIMETER 

The  energy  equivalent  of  the  calorimeter  was  measured  in  the  man¬ 
ner  described  in  the  1934  report  [3],  except  for  the  changes  in  apparatus 
and  procedure  mentioned  in  section  II  of  this  paper.  The  values  ob¬ 
tained  for  the  energy  equivalent  of  the  calorimetric  system  were  all 
reduced  to  correspond  to  an  absolute  pressure  of  30  atmospheres  at 
30°  C.  All  the  calibration  experiments  were  made  over  very  nearly 
the  same  temperature  range,  the  temperature  rise  being  about  3 
degrees  and  the  final  temperature  30°  C  in  all  cases. 

The  results  of  the  first  series  of  calibration  experiments  are  given 
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in  table  1.  This  series  consisted  of  two  groups  of  experiments,  one 
made  with  31  volts  across  the  heater  in  the  calorimeter  and  a  time  of 
heating  of  7  minutes,  the  other  with  47.5  volts  and  a  time  of  heating 
of  3  minutes. 


Table  1  .—Results  of  first  series  of  electrical  calibration  experiments 


Experiment  number 

Date 

1940 

Approxi¬ 
mate  elec¬ 
tromotive 
force 
across 
heater 

Energy 

equivalent 

Deviation 
from  mean 

1 _ _ _ 

July  24 
24 

Volts 

31 

int.irc 

13733.9 

lnt.J/°C 
+0.6 
+2.  2 
-2  9 

2 _  . 

31 

35.  5 

3 _ _ 

A  lie.  2 

31 

30.  4 

4  .  _ _  _  ... 

2 

31 

32.  7 

-0  6 
2 

5 _ _ _ _ 

2 

31 

33.  1 

6  .  .  _ 

3 

31 

32.3 

-1.0 

7 _  . 

5 

31 

31.  3 

-2.0 

8  _ 

5 

31 

34.  2 

+0.9 
—  0.  1 

9  ....  _  ...  . 

5 

31 

33.  2 

10  _ 

5 

31 

34.  0 

+0.  7 
+2.3 
-0.5 

11 _ _ _  ... 

0 

31 

35.  6 

12 _ _ _ _ _ 

6 

31 

32.8 

Mean  for  group  ....  .  . 

13733.3 

•  ±0.  4| 

13__ _ _ _ _ 

14  _  ...  ...... 

Aug.  7 

7 

47.5 
47.  5 

13732.  8 
33.  5 

-0.9 
-0.  2 

15  _ _ 

7 

47.  5 

34.  1 

+0  4 
+0.6 
-0.  5 

16  _  _ _ _  . 

7 

47.  5 

34.  3 

17 _ _ _ 

8 

47.  5 

33.  2 

18  .  _  ... _ 

8 

47.  5 

34.  9 

+  1.2 
+0.3 
-0.  5 

19  .  ...  .  _ 

8 

47.  5 

34.  0 

20  _ _ 

8 

47.  5 

33.  2 

Mean  for  group _  - _ _  _ _ _ _  _  _ _ 

13733.7 

•  ±0.  2j 

Weighted  mean  .....  ...  .  ..  _  _  ....  _  _  _ 

13733. 6 

*  ±0.2 

»  The  standard  deviation  of  the  mean. 


Table  1  shows  that  the  mean  values  of  energy  equivalent  from  the 
two  groups  of  calibration  experiments  are  in  agreement  within  about 
0.003  percent.  The  results  of  measurements  on  Standard  Samples 
39e  and  39f  given  in  table  4  were  calculated  on  the  basis  of  the  weighted 
mean  value  given  in  table  1  for  the  energy  equivalent  of  the  calorimeter. 

The  results  of  a  second  series  of  calibration  experiments,  made  after 
some  necessary  repairs  to  the  calorimeter,  are  given  in  table  2.  All 
experiments  in  this  group  were  made  with  an  electromotive  force  of 
about  31  volts  across  the  heater  in  the  calorimeter,  and  with  a  heating 
period  of  7  minutes.  The  results  of  measurements  on  Standard 
Samples  39e  and  39f  given  in  table  5,  and  the  results  of  measurements 
on  purified  benzoic  acid  given  in  table  8  were  calculated  on  the  basis 
of  the  mean  value  given  in  table  2  for  the  energy  equivalent  of  the 
calorimeter. 
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Table  2. — Results  of  second  series  of  electrical  calibration  experiments 


Experiment 

number 

Date 

1941 

Energy 

equivalent 

Deviation 
from  mean 

1 _ 

Feb  18. . 

Int.  Jla  C 
13732. 0 

Int.  j^l  C 
-0.2 

2 . . 

18. 

33.5 

+  1.3 

3 _ _ 

19. . 

32.6 

+0.4 

4 _ 

21  _ 

31.2 

-1.0 

5 _ _ 

21.. 

30.8 

-1.4 

6 _ 

21.. 

33.6 

+  1.4 

7 . 

21.. 

32.3 

+0.1 

§ _ 

24.. 

32.7 

+.5 

-Z 


Experiment 

number 

Date 

1941 

Energy 

equivalent 

Deviation 
from  mean 

9 . . 

24.. 

Int.  jl°  C 
32. 1 

Int.  jl°  C 
-.1 

10 _ 

24.. 

31.7 

-.5 

11 _ 

25.. 

32.  1 

-.1 

12 . . 

25.. 

31.3 

-.9 

13 _ 

25.. 

32.8 

+.6 

Mean _  ... 

13732.  2 

*±0.  2j 

*  The  standard  deviation  of  the  mean. 


IV.  COMBUSTION  EXPERIMENTS 
1.  MATERIAL 

From  the  freezing  behavior  of  Standard  Samples  39e  and  39f, 
Schwab  and  Wichers  [4]  have  estimated  the  purity  of  these  lots  of 
benzoic  acid  to  be  99.983  and  99.977  mole  percent,  respectively. 
From  specific-heat  measurements  on  the  solid  at  temperatures  near 
the  melting  point,  the  purity  of  Sample  39e  was  estimated  to  be 
99.990  mole  percent  [4,  12] . 

The  two  samples  of  purified  benzoic  acid  were  prepared  by  Schwab 
and  Wichers  from  Standard  Sample  39e,  one  by  eight  fractional 
crystallizations  from  aqueous  solution,  the  other  by  eight  fractional 
crystallizations  from  benzene  solution.  The  purity  of  the  first  of  the 
purified  samples  was  estimated  from  freezing  behavior  to  be  99.995 
mole  percent,  whereas  that  of  the  second  sample  was  estimated  from 
both  freezing  behavior  and  specific-heat  measurements  to  be  99.999 
mole  percent  [4,  12J. 

As  noted  by  Schwab  and  Wichers  [4j,  the  estimates  of  purity  from 
specific-heat  measurements  were  made  on  samples  that  had  been  dried 
by  passing  dry  air  through  liquid  benzoic  acid  at  a  temperature  a  few 
degrees  above  the  melting  point.  It  was  later  found  that  this  treat¬ 
ment  results  in  the  very  slow  formation  of  benzoic  anhydride.  It  is 
possible,  therefore,  that  these  samples  may  have  contained  slightly 
larger  amounts  of  impurity  than  the  corresponding  samples  for  which 
the  estimates  of  purity  were  made  on  the  basis,  of  freezing  behavior. 
On  the  other  hand,  the  drying  treatment  may  have  removed  some 
excess  water  from  Standard  Sample  39e,  so  that  for  this  Sample  the  net 
effect  of  the  drying  treatment  may  have  been  either  an  increase  or  a 
decrease  in  purity.  In  view  of  the  facts  that  the  rate  of  formation  of 
benzoic  anhydride  under  the  conditions  of  the  drying  treatment  is 
extremely  small,  and  that  only  a  very  small  amount  of  water  was 
found  in  the  Standard  Sample  material  in  the  special  tests  described 
later  in  this  paper,  it  is  not  believed  that  the  formation  of  anhydride 
or  the  removal  of  water  caused  any  significant  change  in  purity  of 
the  Samples. 

It  should  be  emphasized  that  both  of  the  tests  of  purity  mentioned 
above  are  sensitive  only  to  impurities  that  are  soluble  in  the  liquid  and 
insoluble  in  the  solid  benzoic  acid.  The  Standard  Sample  material  is 
known  to  contain  some  insoluble  material,  but  the  amount  of  this  is  so 
small  as  to  be  practically  negligible. 

Combustible  impurities  were  removed  from  the  oxygen  used  by 
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passing  the  gas  through  a  tube  filled  with  copper  oxide  maintained  at  a 
temperature  of  about  750°C. 

2.  IGNITION  ENERGY 

The  samples  of  benzoic  acid  were  ignited  by  passing  electric  current 
from  a  small  transformer  through  a  helix  made  from  a  2-cm  length  of 
No.  36  AWG  iron  wire  (about  0.13  mm  in  diameter).  The  procedure 
was  the  same  as  in  the  measurements  reported  in  1934  [3],  except  that 
the  secondary  voltage  of  the  transformer  in  the  present  measurements 
was  9  instead  of  14  as  in  the  previous  work.  The  energy,  q{,  used  to 
ignite  the  charge  (3,  =  electric  energy  plus  heat  of  combustion  of  iron 
wire)  was  determined  calorimetrically  in  a  number  of  blank  experiments 
in  which  only  the  iron  wire  was  burned.  The  results  of  these  measure¬ 
ments  are  given  in  table  3.  The  standard  deviation  of  the  mean  of  the 
results  and  the  maximum  deviation  from  the  mean  correspond  to  0.001 
and  0.005  percent,  respectively,  of  the  heat  of  combustion  of  a  1.5-g 
sample  of  benzoic  acid. 


Table  3 .—Energy  used  to  ignite  the  charge 


Experiment 

number 

Qi 

Deviation 
from  mean 

1 _ 

Int.  j 

17. 1 

Int.  j 
-1.5 

2 . . . 

20.fi 

+2.0 

3 _ 

19.3 

+0.  7 

4 _ 

19.0 

+0.4 

5... 

17.3 

-1.3 

6 _ 

18.  2 

-0.4 

7 _ 

19.  7 

+1.  1 

8 _ 

17.5 

-1. 1 

Mean..  .. 

18.6 

■*±0.  4j 

<*  Standard  deviation  of  the  mean. 


In  another  method  of  ignition,  which  has  been  described  by  Huffman 
and  Ellis  [13],  an  electrically  heated  platinum  wire  ignites  a  small 
piece  of  filter  paper,  which  in  turn  ignites  the  charge.  In  some  pre¬ 
liminary  experiments  of  the  present  work  the  method  of  Huffman 
and  Ellis  was  compared  with  the  iron-wire  method  of  ignition  by  using 
the  two  methods  alternately  in  a  series  of  calorimetric  experiments 
in  which  Standard  Sample  benzoic  acid  was  burned  in  the  bomb. 
These  experiments  yielded  the  following  values  for  the  energy  equiva¬ 
lent  of  the  calorimeter,  which  differed  in  some  .respects  from  the 
calorimeter  used  in  the  other  experiments  described  in  this  paper: 


Method  of 
ignition 

Number  of 
experi¬ 
ments 

Mean  value 
of  energy 
equivalent 

Standard 
deviation  of 
the  mean 

Int.  n°c 

Int.  jrc 

Iron  wire _ _ 

6 

13733.  6 

±0.  6a 

Platinum  wire  and  fil- 

ter  paper _ _ 

6 

13732.  4 

±0.  7j 

These  results  indicate  that  the  precision  of  the  two  methods  is  about 
the  same.  The  difference  between  the  two  mean  values  of  energy 
equivalent  is  no  larger  than  might  be  expected  if  the  procedure  in  the 
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two  sets  of  measurements  had  been  identical  in  all  respects,  and  is 
in  the  direction  opposite  to  that  of  the  difference  which  might  be 
expected  to  result  from  action  of  nitric  acid  on  the  products  of  com¬ 
bustion  of  the  iron  wire.  The  iron- wire  technique  is  somewhat  more 
convenient  than  the  platinum-wire-filter-paper  technique,  and  has 
the  further  advantage  that  it  does  not  complicate  the  determination 
of  the  amount  of  carbon  dioxide  formed  in  the  combustion  of  the 
charge. 

3.  CORRECTION  FOR  HEAT  OF  FORMATION  OF  NITRIC  ACID 

The  amount  of  nitric  acid  formed  in  the  bomb  in  each  combustion 
experiment  was  determined  by  titrating  the  bomb  washings  against 
an  0.1  N  solution  of  potassium  hydroxide,  using  phenolphthalein  2 
as  an  indicator.  The  correction,  gHN03>  for  the  energy  of  formation 
of  nitric  acid  in  the  bomb  was  calculated,  using  for  the  energy  de¬ 
crease,  —  A£/hno3,  for  the  reaction  1/2  N2  (gj-f-5/4  02  (g) -f- 1/2  H20 
(liq)  =HN03  (aq)  at  30°  C  the  rounded  value  60  kj/mole  of  nitric  acid. 
This  value  is  very  near  the  mean  of  the  value  derived  from  the  results 
of  Becker  and  Roth  [14],  and  that  derived  from  data  given  by 
Bichowsky  and  Rossini  [15].  The  correction  for  the  heat  of  forma¬ 
tion  of  nitric  acid  rarely  exceeded  0.02  percent  of  the  heat  produced 
in  the  bomb,  and  was  usually  less  than  this. 

4.  CALCULATION  OF  RESULTS 

The  corrected  temperature  rise,  At,  of  the  calorimeter  for  each 
calibration  experiment  and  each  combustion  experiment  was  com¬ 
puted  on  the  basis  of  Newton’s  law  of  cooling  from  data  obtained  in 
two  “rating  periods’’,  using  Dickinson’s  method  [2]  of  calculation. 
It  has  been  shown  that  the  effect  of  the  lag  of  the  bomb  and  other  parts 
of  the  calorimetric  system  is  almost  completely  eliminated  by  this 
procedure  [16,  17,  25]. 

The  quantity  of  heat  produced  in  each  combustion  experiment  was 
computed  by  multiplying  the  corrected  temperature  rise,  At,  by  the 
energy  equivalent  of  the  system,  represented  by  C=Cq-\-\.2\  m3-\- 0.32 
(P—30),  where  C0  is  the  energy  equivalent,  determined  by  the  cali¬ 
bration  experiments,  of  the  calorimetric  system,  including  the  bomb 
containing  1  g  of  water,  and  oxygen  under  an  absolute  pressure  of 
30  atm;  ms  is  the  mass  of  the  sample  of  benzoic  acid;  P  is  the  initial 
oxygep  pressure,  in  atmospheres,  at  30°  C.  The  factor  1.21  is  the 
value  recently  obtained  at  this  Bureau  [12]  for  the  specific  heat  of 
benzoic  acid  at  28.5°  C  (at  constant  pressure);  and  the  factor  0.32 
was  calculated  from  the  specific  heat  of  oxygen  at  constant  volume 
[18],  the  volume  of  the  bomb,  and  the  density  of  oxygen. 

The  value  for  the  heat  of  combustion  per  gram  of  sample  under  the 
conditions  of  the  actual  bomb  process  was  calculated  for  each  experi¬ 
ment  by  means  of  the  relation 

CAt  C[i  §hno3 


2  Phenolphthalein  is  sensitive  to  dissolved  carbon  dioxide,  and  its  use  resulted  in  high  values  for  nitric 
acid  unless  precautions  were  taken  to  remove  dissolved  carbon  dioxide  from  the  bomb  washings  before 
titrating.  It  is  shown  later  in  this  paper  that  under  the  conditions  of  the  present  measurements  the  effect 
of  dissolved  carbon  dioxide  amounted  to  about  0.017  percent  of  the  heat  of  combustion.  The  use  of  an 
indicator  that  is  practically  insensitive  to  carbon  dioxide,  such  as  methyl  orange,  would  have  been  better. 
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The  corresponding  value  for  the  heat  of  combustion  per  mole  of 
benzoic  acid  was  calculated  from 

—  A  TT CM—'U  —  q  hno3 

N/7 

where  N  is  the  number  of  moles  of  carbon  dioxide  formed  in  the 
combustion,  the  molecular  weight  of  carbon  dioxide  being  taken  as 
44.010.  Since  the  value  of  C  used  in  the  above  equations  is  the 
energy  equivalent  of  the  calorimetric  system,  including  the  oxygen 
and  charge  of  benzoic  acid  rather  than  the  products  of  combustion,  the 
values  of  qB  and  —AUb  are  referred  to  the  final  temperature  of  the 
calorimeter,  which  was  30°  C  in  all  experiments. 

With  the  aid  of  an  equation  similar  to  Washburn’s  [19]  eq  81  (which 
applies  at  20°  C),  but  calculated  by  the  writer  for  30°  C,  there  was 
computed  from  each  value  of  qB  the  corresponding  value  of  QB,  which 
is  the  heat  of  combustion  (at  30°  C)  per  gram  of  sample  for  the 
standard  bomb  process  defined  by  the  following  initial  conditions 

m.s/F=3.0  g/liter 
mw/V=3. 0  g/liter 

P=30  atm  at  30°  C, 

where  V  is  the  volume  of  the  bomb,  and  mw  is  the  mass  of  water  placed 
in  the  bomb  before  the  experiment.  The  other  symbols  have  been 
defined  previously. 

The  values  of  —  At/Bper  mole  of  benzoic  acid  were  reduced,  with  the 
aid  of  the  modified  Washburn  equation,  to  the  corresponding  values  of 

—  A  UR,  which  is  the  energy  decrease  for  the  reaction 

C6H5COOH  (c)  -f-  7  KO2  (g)  =  7 C02  (g)  +  3H20  (liq .) _ ,  (1) 

where  each  of  the  reactants  and  products  is  under  a  pressure  of  1  atm. 
at  30°  C.3 

5.  RESULTS 

In  table  4  are  given  the  results  of  the  first  series  of  measurements  on 
Standard  Samples  39e  and  39f.  The  mean  values  of  QB  at  30°  C 
given  in  this  table  are  in  good  agreement  with  the  corresponding  mean 
values,  26415.3  and  26413.1  International  joules  per  gram  (mass), 
which  were  obtained  for  Samples  39d  and  39e,  respectively,  in  1934[3]. 
In  table  5  are  given  the  results  of  the  second  series  of  measurements  on 
Samples  39e  and  39f.  The  measurements  of  the  first  and  second 
series  were  made  under  the  same  conditions,  except  that  in  the  second 
series  the  mass  of  carbon  dioxide  4  formed  in  each  experiment  was 
determined  by  absorption  in  Ascarite  in  the  manner  described  in 
193S[10]. 

It  will  be  seen  from  tables  4  and  5  that  the  values  of  QB  at  30°  C 
from  the  second  series  of  measurements  on  both  Samples  are  system¬ 
atically  higher  by  about  0.03  percent  than  those  from  the  first 
series.  It  will  also  be  seen  that  the  correction  for  the  heat  of  forma¬ 
tion  of  nitric  acid  is  systematically  lower  in  the  second  series  than  in 

3  Washburn’s  eq  81  gives  the  value  of  100 A  *1  *  >  that  is,  the  percentage  difference  between 

—  AUb  and  — AUr.  The  percentage  difference  between  the  quantities q a  and  Q a  is  the  difference  between 

A  LI  b — A  U  r 

the  values  of  100  —  for  the  actual  and  standard  bomb  processes. 

4  The  results  of  the  measurements  of  the  mass  of  carbon  dioxide  formed  in  experiments  17  to  25,  inclusive, 
were  discarded  because  of  a  leak  in  the  apparatus  which  was  discovered  after  experiment  25. 
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Table  4. — Results  of  first  series  of  measurements  on  Samples  S9e  and  S9f 
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The  standard  deviation  of  the  mean,  calculated  from  the  data  of  both  calibration  and  combustion  experiments. 


Table  5. — Results  of  second  series  of  measurements  on  Samples  S9e  and  39f 
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the  first.  The  fact  that  the  carbon  dioxide  was  completely  removed 
from  the  bomb  before  the  nitric  acid  determinations  in  the  second 
series  of  measurements,  but  not  in  the  first,  suggests  that  the  nitric 
acid  determinations  of  the  first  series  may  have  been  in  error  because 
of  the  sensitivity  of  the  indicator,  phenolphthalein,  to  carbon  dioxide 
dissolved  in  the  washings  from  the  bomb. 

In  table  6  are  given  the  values  of  the  correction  for  nitric  acid  per 
gram  of  benzoic  acid  in  the  first  and  second  series  of  measurements  on 
Sample  39f.5 6  The  difference  in  the  mean  values  of  the  correction 
for  the  two  series  is  4.5  j/g  of  benzoic  acid  (standard  deviation 
±0.4  j/g).  If  it  is  assumed  that  the  difference  is  the  result  of  dis¬ 
solved  carbon  dioxide  in  the  washings  from  the  bomb  in  the  first 
series  of  measurements,  and  the  results  of  this  series  are  corrected 
accordingly,  the  mean  values  of  QB  for  the  two  series  are  brought 
into  satisfactory  agreement.  The  final  values  of  QB  at  30°  C  obtained 
in  this  way  for  the  Standard  Samples  are  given  in  table  7. 


Table  6. — Correction  for  nitric  acid  per  gram  of  benzoic  acid  in  the  two  series  of 
measurements  on  Standard  Sample  39 f 


First  "series 

Second  series 

Experiment  number 

Correction 

Deviation 
from  mean 

Experiment  number 

Correction 

Deviation 
from  mean 

5 _ _ 

Int.j. 

8.2 

6.7 
7.0 
7.4 

7.8 
8.2 
7.4 
8.2 

Int.j. 

+0.6 

-.9 

-.6 

-.2 

+.2 

+.6 

-.2 

+.6 

17_ _ _ 

Int.j. 

3.9 

3.9 

3.9 

4.0 

1.6 

3.6 
3.2 

1.6 

2.  8 
3.6 
2.0 

Int.  j. 
+0.8 
+.8 
+.8 
+.9 
-1.  5 
+0.5 
+.  1 
-1.5 
-0.3 
+.5 
-1. 1 

6 _  .  . . 

18. . . . 

7 _ _ 

19 _ _ 

8 _ _ _ 

20 _ 

9 . . 

21 _ _ 

10 _ _ 

22. . . . 

11  _ 

23  __ 

12 . 

24  ..  . 

Mean .  . 

25. . . . . 

7.6 

a  ±0.  2 

26  . 

27 . . . 

Mean . 

3.  1 

•  ±0.  3 

ca  The  standard  deviation  of  the  mean. 


Table  7. — Final  values  of  QB  at  30°  C  for  the  Standard  Samples 


Scries 

Mean  value  of 
Qb  for  Stand¬ 
ard  Sample  39e 

Standard  devi¬ 
ation  of  mean 

Mean  value  of 
Qb  for  Stand¬ 
ard  Sample  39f 

Standard  devi¬ 
ation  of  mean 

First _ _ _ _ _ 

Second...  . . . . . 

Int.  j/g 
26419.  6 
26422.  5 

Int.  j/g 

a  ±1. 0j 

±1.3 

Int.  j/g 
26419.2 
26423.  2 

Int.  j/g 
*±2.  15 
±0.8 

Mean  . . 

26420.  7 

±0.8 

26422.  7 

±0.7 

a  The  results  of  the  first  series  have  been  corrected  for  the  effect  of  dissolved  carbon  dioxide  in  the  washings 
from  the  bomb.  The  standard  deviations  for  the  results  of  the  first  series  of  measurements  include  the 
standard  deviation  (±0.4  j/g)  of  the  correction  for  dissolved  carbon  dioxide. 


The  improved  concordance  of  the  results  brought  about  by  the 
application  of  the  above  correction  is  consistent  with  the  hypothesis 
regarding  the  cause  of  the  original  differences,  but  it  is  not  conclusive 
proof  of  this  hypothesis.  It  was  desirable,  therefore,  to  make  inde- 


5  The  same  oxygen  tank  was  used  in  both  series  of  measurements  on  Sample  39f,  but  different  tanks  were 
used  in  the  two  series  of  measurements  on  Sample  39e.  The  nitric  acid  determinations  for  the  two  series 
of  experiments  on  Sample  39e  are  therefore  not  comparable. 
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pendent  tests  to  ascertain  the  effect  of  dissolved  carbon  dioxide  on  the 
determination  of  nitric  acid  formed  in  the  bomb.  To  this  end,  a 
measured  volume  of  a  dilute  solution  of  nitric  acid  was  placed  in  the 
bomb,  which  was  then  filled  to  a  pressure  of  30  atm  with  a  mixture  of 
oxygen  and  carbon  dioxide.  The  mass  and  concentration  of  the  nitric 
acid  solution  placed  in  the  bomb  and  the  composition  of  the  O2-CO2 
mixture  were  such  as  to  duplicate  approximately  the  conditions  in 
the  bomb  after  combustion  of  a  1.5-g  sample  of  benzoic  acid.  After 
an  hour  or  more  had  been  allowed  for  the  establishment  of  equilibrium, 
the  pressure  was  released,  the  bomb  opened  and  immediately  washed 
out,  and  the  washings  were  titrated,  the  procedure  being  as  nearly  as 
possible  the  same  as  in  the  first  series  of  measurements  on  the  Stand¬ 
ard  Samples.  In  other  experiments  the  procedure  was  the  same,  ex¬ 
cept  that  after  opening  the  bomb,  it  was  flushed  out  with  air  and 
allowed  to  stand  for  a  measured  length  of  time  before  washing  it  out 
and  titrating  the  washings. 


Figure  1.  Results  of  the  tests  to  ascertain  the  effect  of  dissolved  carbon  dioxide  on  the 

determination  of  nitric  acid. 

The  results  of  these  experiments  are  given  by  curve  A,  figure  1, 
where  the  amount  of  0.1  N  alkali  solution  required  to  neutralize  the 
washings  from  the  bomb  is  plotted  as  ordinate,  and  the  time  after 
opening  and  flushing  out  the  bomb  is  plotted  as  abscissa.  Curve  B 
shows  the  results  of  two  similar  series  of  experiments,  in  which  the 
carbon  dioxide  and  nitric  acid  were  formed  by  combustion  of  a  1.5-g 
sample  of  benzoic  acid.  Both  curves  are  consistent,  within  the  uncer¬ 
tainty  of  the  measurements,  with  the  conclusions  drawn  from  the 
data  of  table  6  as  to  the  magnitude  of  the  effect  of  dissolved  carbon 
dioxide.  It  is  believed  that  this  fact  justifies  the  correction  of  the 
results  of  the  first  series  of  measurements  on  the  basis  of  the  data 
of  table  6. 
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A  surprising  feature  of  figure  1  is  the  difference  in  form  of  the 
curves  A  and  B,  which  indicates  that  the  carbon  dioxide  was  removed 
from  solution  much  more  slowly  iu  the  experiments  represented  by 
curve  B  than  in  those  represented  by  curve  A.  It  would  be  expected 
that  the  difference  would  be  in  the  opposite  direction,  since  in  the 
experiments  represented  by  curve  A  all  the  nitric  acid  solution  was 
in  the  bottom  of  the  bomb,  whereas  in  those  represented  by  curve 
B  the  solution  was  distributed  over  the  entire  inner  surface  of  the 
bomb  and  therefore  had  a  much  larger  free  surface.  No  satisfactory 
explanation  of  this  phenomenon  has  been  found.  A  series  of  experi¬ 
ments  similar  to  those  represented  by  curve  B,  but  in  which  naphtha¬ 
lene  was  burned  instead  of  benzoic  acid,  gave  results  which  were 
represented  by  a  curve  more  nearly  resembling  curve  A  than  curve  B. 

In  addition  to  the  values  of  QB  per  gram  of  sample,  there  are  given 
in  table  5  values  of  —A UR  (at  30°  C)  per  mole  of  benzoic  acid  for 
the  Standard  Sample  material.  The  results  for  the  two  Samples 
are  in  agreement  within  the  uncertainty  of  the  measurements. 

In  table  8  are  given  the  results  of  measurements  on  the  purified 
samples  of  benzoic  acid.  These  samples  were  received  in  sealed  glass 
containers,  and  in  opening  one  of  them  some  particles  of  glass  were 
introduced  into  the  sample.  This  made  impossible  an  accurate  de¬ 
termination  of  the  mass  of  the  Sample  burned  in  each  experiment, 
and  consequently  only  the  values  per  mole  of  benzoic  acid  are  given 
for  this  sample.  In  opening  the  other  container  great  care  was  taken 
to  avoid  getting  glass  into  the  benzoic  acid,  and  values  of  both  QB 
per  gram  of  sample  and  —A UR  per  mole  of  benzoic  acid  are  given 
for  this  sample. 

The  mean  value  of  QB  at  30°  C  given  in  table  8  for  the  benzoic  acid 
purified  by  crystallization  from  benzene  is  in  satisfactory  agree¬ 
ment  with  the  values  given  in  table  7  for  the  Standard  Samples. 
The  values  given  in  table  8  for  —  AZ7S  at  30°  C  for  the  purified  samples 
of  benzoic  acid,  and  the  corresponding  values  given  in  table  5  for  the 
Standard-Sample  materials  are  also  in  satisfactory  agreement. 

In  view  of  the  agreement  of  the  results  for  the  purified  and  Standard 
Sample  materials,  it  may  be  concluded  that  the  impurities  in  the 
Standard  Sample  materials  are  of  such  a  nature  that  they  have  no 
appreciable  effect  on  the  heat  of  combustion.  The  weighted  mean 
values  of  all  results  on  both  Standard-Sample  and  purified  materials 
may  therefore  be  taken  as  the  results  of  the  present  measurements  for 
pure  benzoic  acid  or  for  the  Standard  Sample  materials. 

The  weighted  mean  value  of  QB  was  obtained  by  taking  the  mean 
of  all  results  on  Standard  Samples  39e  and  39f  that  were  obtained 
on  the  basis  of  the  first  calibration  of  the  calorimeter,  and  the  mean 
of  all  results  on  the  Standard  Samples  and  the  purified  materials 
that  were  obtained  on  the  basis  of  the  second  calibration  of  the  calori¬ 
meter,  and  weighting  these  two  mean  values  inversely, as  the  squares 
of  their  standard  deviations.  The  final  value  of  —A UR  is  the  mean 
of  all  results  on  both  Standard  Sample  and  purified  materials. 

The  values  obtained  in  the  manner  just  described  are  QB  (30°  C)  = 
26422  4  Int.  j/g  (mass)  and  —A UR  (30°  C)  =  3224.70  Int.  kj/mole. 
The  standard  deviations  of  these  mean  values  are,  respectively, 
±0.65  j/g  and  ±0.12  kj/mole.  Multiplication  of  these  values  of 
the  standard  deviation  by  appropriate  factors  will  yield  values  of 
other  measures  of  precision,  such  as  “probable  error”  (factor = 
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0.6745),  and  the  “uncertainty”  (factor=2.0)  proposed  by  Rossini 
and  Deming  [11]  for  the  final  results  of  thermochemical  measurements. 
An  estimated  uncertainty  of  ±0.010  percent  (±2.6  j/g,  or  ±0.32 
kj/mole)  is  here  assigned  to  the  final  results  of  the  present  measure¬ 
ments.  In  arriving  at  this  figure,  consideration  was  given  to  the 
precision  of  the  data,  the  probable  magnitudes  of  systematic  errors, 
and  the  agreement  of  the  results  with  those  of  previous  measurements. 

In  order  to  obtain  the  value  of  QB  at  25°  C  corresponding  to  the 
value  given  above  for  30°  C,  it  is  necessary  to  take  account  of  the 
temperature  coefficient  of  —A ZJR,  and  of  the  change  in  the  Washburn 
reduction  with  temperature.  The  temperature  coefficient  of  —A UR 
was  calculated  from  the  specific  heats  of  benzoic  acid  [12],  water  [7], 
oxygen  and  carbon  dioxide  [18]  to  be  —118.5  j/mole-degree  (—0.97 
j/g°  C).  The  Washburn  reduction,  ( AUb  —  AUr ),  at  30°  and  25°C 
is  —2.30  and —2.44  kj/mole  (—18.8  and —20.0  j/g),  respectively. 
With  these  data  it  is  calculated  that  for  the  standard  bomb  process 

Qb  (25°  C)  =26428.4  ±2.6  Int.  j/g  (mass).* * 6 

The  value  of  —A H  for  the  reaction  (1)  at  30°  C,  corresponding  to 
the  value  of  —  ATJr  (30°  C)  given  above  is  3226.03  ±0.32  Int. 
kj/mole.  Using  the  value  115.5  j/mole-degree  for  the  temperature 
coefficient  of  AH,  and  correcting  for  the  departures  of  the  gases, 
oxygen,  and  carbon  dioxide,  from  the  standard  state  of  unit  fugacity 
(1  atm),  there  is  obtained  for  reaction  (1)— A//°298. 16  =  3226. 39  ±0.32 
Int.  kj/mole.7 

It  should  be  emphasized  that  the  quantity  of  interest  in  connection 
with  the  standardization  of  bomb  calorimeters  is  QB,  the  heat  of  com¬ 
bustion  per  gram  under  the  conditions  of  the  standard  bomb  process. 
The  values  of  heat  of  combustion  per  mole  are  not  suitable  for  this 
purpose,  since  they  apply  for  conditions  other  than  those  of  the  bomb 
process  and  are  based  on  the  mass  of  carbon  dioxide  formed  in  com¬ 
bustion  rather  than  on  the  mass  of  sample  burned. 

V.  CORRECTION  OF  1934  RESULTS 

The  procedure  in  the  combustion  experiments  reported  in  1934  [3] 
was  the  same  as  that  in  the  first  series  of  combustion  experiments  of 
the  present  work,  and  the  same  indicator,  phenolphthalein,  was  used 
in  the  nitric  acid  determinations.  It  is  inferred,  therefore,  that  the 
1934  results  are  low  because  of  dissolved  carbon  dioxide  in  the  bomb 
washings,  and  they  have  been  corrected  accordingly.  The  correction 
is  somewhat  uncertain  because  of  the  fact  that  the  data  of  table  6 
apply  when  a  1.52-g  sample  of  benzoic  acid  is  burned  under  an  initial 
oxygen  pressure  of  about  32  atm,  whereas  in  the  1934  measurements 
the  mass  of  sample  was  varied  from  0.7  to  2.0  g  and  the  oxygen  pres¬ 
sure  from  20  to  32  atm.  In  calculating  the  correction  to  be  applied 

«  The  heat  of  combustion  under  conditions  differing  by  small  amounts  from  those  of  the  standard  bomb 

process  at  25°  C  is  obtained  by  multiplying  the  value  given  for  Qb  (25°  C)  by  the  factor 

1+llM  [20  (P—30) +42  (m./V- 3)+30  (m„/V-3)-45  (f-25).] 

7  As  noted  previously,  this  value  was  derived  by  calculating  the  number  of  moles  of  benzoic  acid  burned 
in  each  experiment  from  the  mass  of  carbon  dioxide  formed  in  combustion.  The  value  of  — AP0298.16 
obtained  by  calculating  the  number  of  moles  of  benzoic  acid  burned  from  the  mass  of  sample,  using  122.118 
for  the  molecular  weight  of  benzoic  acid,  is  3226.04  ±0.32  Int.  kj/  mole.  Inert  impurity  in  the  sample 
would  affect  the  value  of  heat  of  combustion  per  mole  based  on  the  weight  of  sample  but  not  the  value 
based  on  the  weight  of  carbon  dioxide  formed.  The  effect  of  an  error  in  the  atomic  weight  of  carbon  would 
be  2.5  times  as  great  in  the  value  based  on  the  weight  of  sample  as  in  the  value  based  on  the  weight  of  carbon 
■dioxide. 
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to  the  1934  results,  it  was  assumed  that  the  effect  of  dissolved  carbon 
dioxide  in  any  experiment  is  proportional  to  the  mole  fraction  of 
carbon  dioxide  in  the  gas  phase  and  to  the  total  mass  of  water  in  the 
bomb  at  the  end  of  the  experiment. 

The  1934  results  have  also  been  corrected  for  the  change  from  63 
to  60  kj/mole  in  the  value  used  for  the  energy  of  formation  of  nitric 
acid  in  the  bomb,  for  the  change  in  the  value  used  for  the  temperature 
coefficient  of  —A UR,  and  for  the  dependence  on  temperature  of  the 
Washburn  reduction.  The  last-named  effect  was  neglected  in  1934 
in  calculating  the  value  of  QB  at  25°  C  from  the  observed  value  at 
30°  C.8 

The  values  of  QB  at  25°  calculated  from  the  data  of  the  1934  meas¬ 
urements  in  the  manner  outlined  above  are  given  in  table  9,  together 
with  the  corresponding  values  resulting  from  the  present  measure^- 
ments  on  Standard  Samples  39e,  39f,  and  the  sample  of  39e  that  was 
purified  by  fractional  crystallization  from  benzene. 


Table  9. — Values  of  QB  at  25° C  for  Standard  Samples,  and  for  the  sample  purified 

by  crystallization  from  benzene 


Date 

Sample 

Values  for 
individual 
samples 

Standard 
deviation 
of  the  mean 

Mean  of 
values  for 
all  samples 

Standard 
deviation 
of  the  mean 

1934  *  . . . 

/39d _ _ 

Int.j/g 
26427. 7 

26425. 6 

26426.7 

26428.8 
26429.3 

Int.  j/g 
±1.1 
±1.0 
±0.  7 1 
±0.7 
±1.5 

Int.j/g 

}  26426. 6 

J-  26428.4 

Int.j/g 

±0. 85 

±0. 65 

\39e _ _ 

1942  . 

|39e. . . 

<39f  . 

(Purified 1 _ 

'  The  results  reported  in  1934  have  been  corrected  as  described  in  the  test. 
J  Sample  39e  purified  by  crystallization  from  benzene. 


It  will  be  seen  from  table  9  that  the  corrected  results  of  the  1934 
measurements  are  in  satisfactory  agreement  with  those  of  the  present 
work.  The  mean  values  of  QB  from  the  two  investigations  differ  by 
only  0.007  percent,  and  the  total  range  of  values  for  the  different  lots 
of  benzoic  acid  is  0.014  percent. 

VI.  PROCEDURE  FOR  CORRECTING  RESULTS  REPORTED 
ON  THE  BASIS  OF  THE  1934  VALUE  OF  Qs 

The  mean  value  reported  in  1934  for  QB  at  25°  C,  26,419  Interna¬ 
tional  joules  per  gram  mass,  is  lower  by  9.4  j/g  (0.036  percent)  than 
the  value  obtained  in  the  present  measurements.  The  elements  which 
enter  into  this  difference  may  be  summarized  as  follows: 

1.  Effect  of  dissolved  C02 _  5.  5  j/g 

2.  Temperature  dependence  of  Washburn  reduction _  1.  2  j/g 

3.  Change  in  temperature  coefficient  of  —A UB - 0.  1  j/g 

4.  Change  in  nitric  acid  correction _ 0.  8  j/g 

5.  Difference  in  calorimetric  measurements _  1.  8  j/g 

Total . - .  9.  4  j/g 

The  results  of  calibration  experiments  by  means  of  benzoic  acid 
which  were  calculated  on  the  basis  of  the  1934  value  of  QB  can  be  re- 

*  In  other  words,  the  temperature  coefficient  of  —AUr/M,  calculated  from  data  on  Cv  at  atmospheric 
pressure,  was  used  in  1934  in  deriving  the  value  of  Ob  at  25°  C  from  the  observed  value  at  30°  C.  The 
temperature  coefficient  of  Ob  involves  the  temperature  coefficients  of  both  —AUr/M  and  the  Washburn 
reduction. 
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cluced  to  the  basis  of  the  new  value  with  the  aid  of  the  above  data. 
The  reduction  will  not  in  all  cases  involve  all  of  the  above  elements  of 
the  difference  between  the  two  values  of  QB,  and  in  deciding  which  of 
the  elements  are  involved  in  any  particular  case,  consideration  will 
have  to  be  given  to  the  conditions  under  which  the  calibration  ex¬ 
periments  were  performed.  For  example,  consider  the  case  of  a 
bomb  calorimeter  calibrated  with  benzoic  acid  under  the  same  (aver¬ 
age)  conditions  as  in  the  1934  combustion  experiments  with  respect 
to  temperature,  oxygen  pressure,  mass  of  sample,  mass  of  water 
placed  in  the  bomb,  amount  of  nitric  acid  formed,  procedure  followed 
in  the  nitric  acid  determinations,  and  value  used  for  the  heat  of  forma¬ 
tion  of  nitric  acid.  Under  these  circumstances  the  conversion  of  the 
value  obtained  for  the  energy  equivalent  of  the  calorimeter  to  the 
basis  of  the  new  value  of  QB  would  involve  only  that  part  of  the  dif¬ 
ference  between  the  old  and  new  values  which  resulted  from  the 
difference  in  the  calorimetric  measurements  (1.8  j/g=0.007  percent). 

In  the  case  where  the  calibration  experiments  were  made  under  the 
same  conditions  as  in  the  above  example,  except  that  the  procedure 
was  such  that  dissolved  carbon  dioxide  did  not  affect  the  nitric  acid 
determinations,  the  conversion  to  the  basis  of  the  new  value  of  QB 
would  involve  both  the  difference  in  the  calorimetric  measurements 
(1.8  j/g)  and  the  effect  of  dissolved  carbon  dioxide  (5.5j/g)  on  the 
nitric  acid  corrections  in  the  1934  experiments.  If  the  calibration 
experiments  were  referred  to  some  temperature  other  than  30°  C, 
account  would  have  to  be  taken  of  the  change  in  the  temperature 
coefficient  of  QB. 

The  following  data  on  the  average  conditions  in  the  1934  measure¬ 
ments  will  be  of  use  in  reducing  results  originally  calculated  on  the 
basis  of  the  1934  report  to  the  basis  of  the  present  report: 


Temperature  to  which  experiments  were  referred _  30°  C 

Mass  of  sample  of  benzoic  acid _  1.  35  g 

Nitric  acid  correction  per  gram  of  benzoic  acid _  17.  4  j 

Mole  fraction  of  C02  in  final  gas  phase  in  bomb _  0.  206 

Water  in  bomb  at  end  of  experiment _  0.  089  mole 

Effect  of  dissolved  C02  per  gram  of  benzoic  acid _  5.  5  j 


The  value  given  above  for  the  nitric  acid  correction  was  calculated, 
using  the  1934  value,  63  kj/mole,  for  the  heat  of  formation  of  nitric 
acid  in  the  bomb. 

The  conversion  of  the  results  of  calibration  experiments  by  means 
of  benzoic  acid,  originally  calculated,  using  the  1934  value  of  QB,  to 
the  basis  of  the  new  value  will  be  illustrated  by  a  specific  example. 
It  is  assumed  that  the  calibration  experiments  were  performed  under 
the  following  conditions: 


Volume  of  bomb _  0.  4  liter 

Mass  of  sample  burned _  1.  50  g 

Mass  of  water  placed  in  bomb _  1.  00  g 

Nitric  acid  correction  per  gram  of  benzoic  acid  burned-  6.  8  j 

Temperature  to  which  experiments  were  referred _ 28.  0°  C 

Initial  oxygen  pressure  at  28°  C _  33.  0  atm 


The  value  for  the  heat  of  combustiou  of  benzoic  acid  under  these 
conditions  would  be  26418.6  Int.  j/g,  according  to  the  1934  report, 
and  26426.8  Int.  j/g,  according  to  the  present  report.  The  difference, 
8.2  j/g,  between  these  two  values  is  less  than  the  difference,  9.4  j/g, 
between  the  values  of  QB  at  25°  C  reported  in  1934  and  in  the  present 
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paper.  The  discrepancy  is  due  (1)  partly  to  the  fact  that  the  coeffi¬ 
cients  of  (P—30),  {mstV—  3),  and  (mw/V—  3)  in  the  formula  given  in 
footnote  6,  page  161  differ  slightly  from  the  coefficients  in  the  cor¬ 
responding  formula  in  the  1934  report,  (2)  partly  to  the  fact  that  the 
change  in  the  value  used  for  the  heat  of  formation  of  nitric  acid  does 
not  enter  into  the  calculations,  and  (3)  partly  to  the  fact  that  in  the 
calculation  of  the  heat  of  combustion  at  28°  C,  according  to  data 
given  in  the  1934  report,  the  effect  of  the  error  in  the  temperature 
coefficient  is  reduced  to  40  percent  of  its  effect  in  the  calculation  of 
Qb  at  25°  C  from  the  observed  value  at  30°  C. 

The  changes  mentioned  above  in  the  coefficients  of  (P—30), 
(ms/V—  3),  and  3)  are  taken  account  of  by  applying  a  cor¬ 

rection  of  —0.4 J/g  to  the  value  of  the  heat  of  combustion  of  benzoic 
acid  calculated  on  the  basis  of  the  1934  report. 

The  other  corrections  that  should  be  applied  to  the  above  value 
for  the  heat  of  combustion  of  benzoic  acid  calculated  according  to 
the  1934  report  are  related  to  the  elements  of  the  difference  between 
the  old  and  new  values  of  QB  at  25°  C,  and  will  be  discussed  in  the 
order  that  these  elements  arc  listed  on  page  262. 

1.  The  correction  for  the  effect  of  dissolved  carbon  dioxide  will 
depend  upon  how  the  nitric  acid  determinations  were  made  in  the 
calibration  experiments  under  consideration.  If  the  procedure  in 
these  experiments  was  the  same  as  in  the  1934  measurements,  and  in 
the  first  series  of  combustion  experiments  of  the  present  measure¬ 
ments,  then  the  effect  of  dissolved  carbon  dioxide  in  the  calibration 
experiments  here  considered  will  partially  cancel  the  effect  in  the 
1934  value  of  QB.  In  this  case  the  correction  for  dissolved  carbon 
dioxide  may  be  calculated  as  follows:  Under  the  conditions  of  the 
calibration  experiments  under  consideration  the  mole  fraction  of 
carbon  dioxide  in  the  bomb  after  combustion  of  the  sample  of  benzoic 
acid  is  calculated  to  be  0.157,  and  the  amount  of  water  in  the  bomb 
after  combustion  is  0.092  mole.  On  the  assumption  that  the  total 
effect  of  dissolved  carbon  dioxide  is  proportional  to  the  mass  of  water 
and  the  mole  fraction  of  carbon  dioxide,  the  above  data,  together 
with  the  data  given  previously  regarding  the  average  conditions  in 
the  1934  combustion  experiments,  lead  to  3.9,  j/g  of  benzoic  acid 
burned  for  the  effect  of  dissolved  carbon  dioxide.  This  partially 
cancels  the  effect,  5.5  j/g  of  benzoic  acid,  in  the  1934  value  of  QB, 
leaving  a  net  correction  of  +  1.59  j/g  to  be  applied  to  the  value  of  the 
heat  of  combustion  calculated  on  the  basis  of  the  1934  report. 

On  the  other  hand,  if  the  procedure  in  the  nitric  acid  determinations 
in  the  calibration  experiments  under  consideration  was  such  that 
these  determinations  were  not  affected  by  dissolved  carbon  dioxide, 
then  a  correction  equal  to  the  total  effect  of  dissolved  carbon  dioxide 
in  the  1934  value  of  QB,  +5.5  j/g,  will  be  necessary. 

2  and  3.  As  noted  previously,  the  effect  (1.3  j/g)  on  QB  at  25°  C 
of  the  error  in  the  value  used  in  1934  for  the  temperature  coefficient 
of  Qb  is  partially  eliminated  in  the  calculation,  on  the  basis  of  the  1934 
report,  of  the  heat  of  combustion  of  benzoic  acid  under  the  conditions 
of  the  calibration  experiments  here  considered.  There  remains, 
however,  40  percent  of  the  effect,  or  +0. 52  j/g,  which  should  be 
applied  as  a  correction  to  the  value  of  the  heat  of  combustion  calcu¬ 
lated  on  the  basis  of  the  1934  report. 

4.  The  1934  value  of  QB  was  too  low  by  0.8  j/g  because  of  the 
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error  in  the  nitric  acid  correction.  This  error  in  QB  is  partially  can¬ 
celled  in  the  original  calculation  of  the  results  of  the  calibration 
experiments  under  consideration  by  the  use  of  the  value  given  in  the 
1934  report  for  the  heat  of  formation  of  nitric  acid  in  the  bomb. 
A  correction  is  necessary,  however,  for  the  error  in  the  difference  in 
the  nitric  acid  corrections  in  the  1934  experiments  and  in  the  calibra¬ 
tion  experiments.  This  correction  amounts  to  +  0.50  j/g  of  benzoic 
acid  burned. 

5.  A  correction  of  +1.8  j/g  is  necessary  to  take  account  of  the 
difference  in  the  results  of  the  calorimetric  measurements  of  1934 
and  the  present  work. 

Taking  account  of  the  various  factors  discussed  above,  the  value 
for  the  heat  of  combustion  of  benzoic  acid  which  should  be  used  in 
calculating  the  corrected  value  for  the  energy  equivalent  of  the 
calorimeter  from  the  data  of  the  calibration  experiments  under  con¬ 
sideration  is  obtained  as  follows: 

(a)  If  the  procedure  in  the  nitric  acid  determinations  was  the 
same  as  in  the  1934  experiments  and  in  the  first  series  of  combustion 
experiments  described  in  this  paper: 

Heat  of  combustion  calculated  on  basis  of  1934 


report _  26418.6  Int.  j/g 

Correction  for: 

Changes  in  coefficients  of  (P— 301,  etc _  —As  Int.  j/g 

Dissolved  C02 _  +  1.59Int.  j/g 

Change  in  temperature  coefficient  of  Ob _  +  0.52  Jnt.  j/g 

Error  in  nitric  acid  correction _  +  0.5o  Int.  j/g 

Difference  in  calorimetric  measurements _  +1.8  Int.  j/g 


Corrected  value  of  heat  of  combustion _  26422.6  Int.  j/g 


The  correction  to  be  applied  to  the  original  value  of  the  energy 
equivalent  of  the  calorimeter  in  this  case  is  +0.015  percent. 

(b)  If  the  procedure  in  the  nitric  acid  determinations  was  such  that 
these  determinations  were  not  affected  by  dissolved  carbon  dioxide, 
the  calculation  of  the  corrected  value  for  the  heat  of  combustion  of 
benzoic  acid  would  differ  from  the  above  calculation  only  in  that  the 
correction  for  dissolved  carbon  dioxide  in  this  case  would  be  equal  to 
the  total  effect,  5.5  j/g,  in  the  1934  experiments.  The  corrected  value 
for  the  heat  of  combustion  of  benzoic  acid  in  this  case  would  be  26426.5 
Int.  j/g,  and  the  correction  to  be  applied  to  the  original  value  of  the 
energy  equivalent  of  the  calorimeter  would  be  +0.030  percent. 

The  difference  between  the  corrected  value  for  the  heat  of  combus¬ 
tion  of  benzoic  acid  given  under  (b)  and  the  value  26426.8  Int.  j/g 
calculated  on  the  basis  of  the  present  measurements  arises  from  the 
fact  that  a  part  of  the  change  in  the  nitric  acid  correction  does  not 
appear  in  the  above  calculations  but  is  taken  care  of  in  the  original 
calculation  of  the  energy  equivalent  of  the  calorimeter  on  the  basis  of 
the  1934  report. 

VII.  PREVIOUS  WORK 

Results  of  measurements  of  the  heat  of  combustion  of  benzoic  acid  by 
various  observers  [2,  3,  20,  21,  22,  23,  32]  are  given  in  table  10.  The 
correction  of  the  1934  results  of  Jessup  and  Green  is  discussed  in  sec¬ 
tion  V  of  this  paper. 

The  value  of  Qb  at  25°  C  attributed  to  Roth,  Doepke,  and  Banse  [22] 
in  the  1934  report  [3]  was  calculated  from  their  published  results,  on 
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Table  10. — Results  of  the  measurements  of  the  heat  of  combustion  of  benzoic  acid  by  various  observers 
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the  assumption  that  they  had  placed  1  g  of  water  in  the  bomb  before 
each  experiment.  Professor  Roth  has  since  informed  the  writer  that 
actually  10  g  of  water  was  placed  in  the  bomb,  and  that  the  effect  of 
the  difference  between  10  g  and  1  g  of  water  was  found  by  experiment 
in  his  laboratory  to  be  0.064  percent.  The  difference  between  0.064 
percent  and  the  value  0.10  percent  calculated  from  the  Washburn  [19] 
equation  was  attributed  to  the  lack  of  equilibrium  between  the  gaseous 
carbon  dioxide  and  the  aqueous  solution.  On  the  basis  of  the  informa¬ 
tion  supplied  by  Roth,  a  correction  of  —0.064  percent  has  been  applied 
to  the  value  attributed  to  Roth,  Doepke,  and  Banse  in  the  1934  report. 

An  additional  correction  of  about  f  j/g  has  been  applied  to  the 
values  of  QB  at  25°  C  attributed  in  the  1934  report  to  Fischer  and 
Wrede  [201,  Wrede  [21],  Roth,  Doepke,  and  Banse  [22],  and  Jaeger 
and  von  Steinwehr  [23]  to  take  account  of  the  temperature  dependence 
of  the  Washburn  reduction,  an  effect  which  was  partially  neglected 
in  the  1934  report. 

The  value  attributed  to  Prosen  and  Rossini  [32]  in  table  10  is  the 
result  of  unpublished  measurements  made  at  this  Bureau  entirely 
independently  of  the  measurements  described  in  the  present  paper, 
and  with  different  apparatus  [34]. 

Because  of  uncertainty  as  to  experimental  procedure  in  the  various 
investigations,  and  as  to  precautions  taken  to  avoid  the  effect  of  dis¬ 
solved  carbon  dioxide  on  the  determinations  of  nitric  acid,  no  correc¬ 
tion  for  this  effect  has  been  applied  to  any  previous  results  except  those 
of  the  1934  measurements  at  this  Bureau.  The  results  of  Dickinson 
and  those  of  Roth,  Doepke,  and  Banse  are  probably  not  in  error  from 
this  cause  because  the  indicators  they  used,  methyl  orange  and  Congo 
red,  respectively,  are  insensitive  to  carbon  dioxide.  The  results  of 
Prosen  and  Rossini  are  not  in  error  from  this  cause,  since  they  flushed 
out  their  bomb  sufficiently  to  remove  dissolved  carbon  dioxide. 
Fischer  and  Wrede,  and  Wrede  do  not  state  what  indicators  they 
used.  Jaeger  and  von  Steinwehr  used  phenolphthalein,  and  therefore 
their  nitric  acid  determinations  may  have  been  in  error  because  of 
dissolved  carbon  dioxide. 

All  of  the  final  values  given  in  table  10,  with  the  exception  of  that 
due  to  Roth,  Doepke,  and  Banse,  are  in  as  good  agreement  with  the 
result  of  the  present  measurements  as  could  be  expected  on  the  basis 
of  the  precision  of  the  various  measurements.  The  fact  that  the 
values  obtained  for  the  Kahlbaum-Verkade  material  by  Jaeger  and 
von  Steinwehr  and  by  Roth,  Doepke,  and  Banse  are  in  good  agree¬ 
ment  with  each  other  and  are  lower  than  the  other  values  m  the  table 
suggests  that  a  difference  in  material  may  be  responsible  for  the  low 
values  for  the  Kahlbaum-Verkade  material.  However,  Verkade  [24] 
has  compared  the  Kahlbaum-Verkade  and  National  Bureau  of 
Standards  materials  and  found  no  difference  in  their  heats  of  com¬ 
bustion.  It  may  be  noted  also  that  the  values  obtained  for  the  two 
materials  by  Jaeger  and  von  Steinwehr  are  in  as  good  agreement 
with  each  other  and  with  the  value  obtained  in  the  present  work  for 
National  Bureau  of  Standards  material  as  could  be  expected  from  the 
precision  of  the  measurements.  Except  for  the  low  values  for  the 
Kahlbaum-Verkade  material,  there  is  nothing  in  the  data  of  table  10 
to  indicate  any  differences  in  the  materials  used  in  the  various 
investigations. 
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As  noted  in  the  1934  report,  the  results  of  all  measurements  previous 
to  that  time  may  be  too  high  because  of  combustible  impurities  in  the 
oxygen.  The  estimate  of  0.02  percent  made  in  the  1934  report  as  the 
probable  effect  of  combustible  impurities  on  Dickinson’s  results  is 
practically  equal  to  the  difference  between  Dickinson’s  value  and  that 
resulting  from  the  present  measurements. 

VIII.  SUITABILITY  OF  BENZOIC  ACID  AS  A  STANDARD 
SUBSTANCE  FOR  BOMB  CALORIMETRY 

The  requirements  that  a  standard  substance  for  bomb  calorimetry 
should  satisfy  have  been  summarized  [281  as  follows: 

1.  It  should  be  easily  obtainable  in  a  pure  state. 

2.  It  should  be  stable. 

3.  It  should  not  be  hygroscopic. 

4.  It  should  not  be  too  volatile. 

5.  It  should  be  easily  compressible  into  pellets. 

6.  It  should  burn  completely  in  the  bomb. 

The  tests  of  purity  of  Standard  Samples  39e  and  39f  of  benzoic 
acid  [4],  and  the  agreement  of  the  results  of  measurements  of  heat  of 
combustion  of  different  samples  given  in  table  10  indicate  that  benzoic 
acid  satisfies  the  first  of  the  above  requirements.  The  low  values 
given  in  table  10  for  the  heat  of  combustion  of  the  Kahlbaum-Verkade 
material  cast  some  doubt  on  this  conclusion.  However,  as  noted 
previously,  the  low  values  for  this  material  are  not  in  accord  with 
results  obtained  by  Verkade  [241. 

While  it  has  been  reported  [29]  that  benzoic  acid  decomposes  at 
temperatures  above  about  150°  C,  it  appears  to  be  quite  stable 
under  conditions  to  which  it  is  likely  to  be  subjected  when  used  as 
a  Standard  Sample  material.  Thus  no  significant  change  in  heat 
of  combustion  of  Standard  Sample  39e  was  observed  during  the 
period  between  the  1934  measurements  and  those  of  the  present  work. 

In  order  to  determine  whether  benzoic  acid  is  appreciably  hygro¬ 
scopic,  Schwab  and  Wichers  [33]  made  measurements  of  the  water 
content  of  Standard  Sample  39f  in  its  original  condition  and  after 
exposure  for  6  weeks  at  a  relative  humidity  of  90  percent  at  about 
23°  C.  Ten-gram  samples  of  benzoic  acid  were  fused  in  a  glass 
apparatus,  which  was  then  evacuated  through  a  trap  immersed  in 
liquid  air.  The  trap  was  then  closed  off  from  the  rest  of  the  appa¬ 
ratus,  and  the  liquid  air  was  removed,  allowing  the  trap  to  warm  up 
to  room  temperature.  The  amount  of  water  removed  from  the 
benzoic  acid  was  estimated  from  the  pressure,  measured  by  means  of  a 
mercury  manometer,  and  the  temperature  and  volume  of  the  closed 
system.  The  results  indicated  a  water  content  of  the  untreated 
benzoic  acid  of  0.0015  to  0.0018  percent,  and  of  the  benzoic  acid,  after 
exposure  to  the  high  humidity,  of  0.0014  to  0.0019  percent. 

A  less  precise  test  of  the  hygroscopicity  of  benzoic  acid  was  made 
by  the  writer  by  calibrating  a  calorimeter  with  (a)  Standard  Sample 
39e  from  a  recently  opened  bottle,  (b)  some  of  the  same  material 
which  had  been  kept  for  about  a  year  in  an  open  bottle  under  condi¬ 
tions  such  that  no  appreciable  amount  of  dust  could  get  into  the  bottle, 
(c)  some  of  the  same  material  which  had  been  kept  for  about  a  year 
in  an  open  bottle  in  a  desiccator  vessel  containing  a  saturated  solution 
of  ammonium  chloride,  which  maintains  a  relative  humidity  of  about 
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79  percent  [27].  The  values  of  the  energy  equivalent  of  the  calo¬ 
rimeter  obtained  in  these  measurements  are  as  follows: 


Number  of 
experiments 

Treatment  of 
benzoic  acid 
sample 

Energy 
equivalent  of 
calorimeter 

Standard 
deviation  of 
the  mean 

6 _ _ 

(a) 

Int.jl°C 
13730.  6 

Int.jrc 

0,r{ 

2 . . 

(b) 

13731.  0 

.7 

4 _ 

(0 

13730.8 

1.2. 

Mean _ 

13731.0 

0. 

Both  of  the  above  sets  of  data  indicate  that  benzoic  acid  is  not 
appreciably  hygroscopic.  However,  data  obtained  by  Weaver  [29] 
indicated  a  moisture  content  of  about  0.08  percent  by  weight  in  a 
sample  of  benzoic  acid  that  had  been  kept  in  a  glass-stoppered  bottle 
for  about  a  year.  By  a  very  sensitive  test,  Weaver  also  found  small 
amounts  of  moisture  in  several  other  samples.  In  all  cases  the  mois¬ 
ture  could  be  removed  by  fusing  the  sample. 

A  number  of  years  ago  the  writer  found  that  a  sample  of  benzoic 
acid  obtained  from  another  laboratory  had  a  heat  of  combustion  per 
gram  that  was  lower  by  0.2  percent  than  that  of  National  Bureau  of 
Standards  material.  The  discrepancy  disappeared  after  fusing  the 
sample. 

It  appears,  therefore,  that  some  samples  of  benzoic  acid  may 
contain  appreciable  amounts  of  moisture.  The  source  of  such 
moisture  is  not  known,  but  it  is  possible  that  samples  crystallized  from 
aqueous  solution  may  contain  trapped  water  unless  special  pre¬ 
cautions  are  taken  to  dry  them.  Whatever  the  source  of  the  water 
in  the  samples  referred  to,  it  appears  that  it  is  relatively  easy  to 
prepare  benzoic  acid  which  is  substantially  free  from  water,  and  that 
it  will  not  absorb  moisture  from  the  atmosphere.  It  may  be  con¬ 
cluded,  therefore,  that  benzoic  acid  is  entirely  satisfactory  as  a 
standard  substance  so  far  as  hygroscopicity  is  concerned. 

To  determine  the  volatility  of  benzoic  acid  a  pellet  of  1.5  g  was 
placed  in  a  platinum  crucible  and  weighed  at  intervals  over  a 
period  of  about  3  weeks.  During  this  time  the  temperature  of  the 
room  during  the  daytime  varied  from  29°  to  32°  C.  The  benzoic 
acid  lost  weight  at  the  rate  of  about  0.15  mg,  or  0.01  percent,  per  day. 
Evaporation  at  this  rate  is  not  serious,  since  not  more  than  half  an 
hour  need  elapse  from  the  time  a  sample  is  weighed  until  it  is  ignited 
in  the  bomb. 

Experience  at  this  Bureau  indicates  that  benzoic  acid  satisfies 
requirements  5  and  6,  page  268.  Some  observers  have  reported 
negligible  amounts  of  soot  left  in  the  crucible  after  burning  a  sample 
of  benzoic  acid,  but  no  soot  or  other  evidence  of  incomplete  com¬ 
bustion  was  observed  in  any  of  the  1934  experiments  at  this  Bureau 
or  in  those  of  the  present  work.  In  these  experiments  the  samples 
were  burned  in  a  cylindrical  platinum  crucible  %  in.  in  diameter  and 
%  in.  high,  weighing  a  little  less  than  8  g. 
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IX.  SUMMARY 

The  present  measurements  yield  the  value  26428.4  International 
joules  per  gram  mass  for  the  heat  of  combustion,  QB,  of  benzoic  acid 
under  the  conditions  of  the  standard  bomb  process. 

When  the  amount  of  the  reaction  is  determined  from  the  mass  of 
carbon  dioxide  formed  in  combustion,  the  present  measurements 
yield  for  the  combustion  of  benzoic  acid  —  A770298.i6=3226.39 
International  kilojoules  per  mole  when  each  of  the  gases  involved  in 
the  reaction  is  in  the  thermodynamic  state  of  unit  fugacity.  The 
estimated  uncertainty  of  the  final  values  of  QB  and  - —  A7/°298.i6  is 
±0.010  percent  (±2.6  j/g,  or  ±0.32  kj/mole). 
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NOTE  ON  THE  DENSITY  AND  HEAT  OF  COMBUSTION  OF 

BENZOIC  ACID 

By  R.  S.  Jessup 


ABSTRACT 

The  results  of  various  determinations  of  the  density  of  benzoic  acid  are  sum¬ 
marized.  The  three  most  recent  values  are  in  reasonably  good  agreement  with 
each  other,  but  are  higher  by  about  4.5  percent  than  the  value  most  commonly 
referred  to  in  the  literature.  The  difference  of  4.5  percent  in  density  affects  the 
reduction  of  weight  in  air  to  mass  by  an  amount  corresponding  to  0.004  percent 
in  mass,  and  in  heat  of  combustion  per  gram  mass. 


The  value  26428.4  ±2.6  international  joules  per  gram  mass  re¬ 
ported  [1]  1  in  1942  for  the  heat  of  combustion  of  Bureau  Standard 
Sample  39f  of  benzoic  acid  under  the  specified  standard  conditions 
of  the  bomb  process  was  obtained  from  the  experimental  values  of 
heat  of  combustion  per  gram  weight  in  air,  using  the  value  1.260 
g/cm  3  for  the  density  of  benzoic  acid  at  25°  C  in  making  the  reduction 
to  mass.  This  value  was  derived  from  the  value  1.266  g/cm  3  for  the 
density  at  15°  C  given  in  International  Critical  Tables  [2],  and  the 
value  0.00053  per  degree  centigrade  reported  by  E.  R.  Smith  [3]  for 
the  coefficient  of  cubical  expansion  of  benzoic  acid  in  the  range  15° 
to  30°  C.  The  value  of  density  given  in  ICT  is  apparently  that 
reported  by  Lumsden  [4]  in  1905. 

It  has  recently  been  noted  that  two  other  values  have  been  ob¬ 
tained  for  the  density  of  benzoic  acid,  namely,  the  value  1.322  g/cm3 
at  20°  C  reported  by  Steinmetz  [5]  in  1913,  and  the  value  1.3211  ± 
0.0001  g/cm3  at  23.3°  C  reported  by  Hendricks  and  Jefferson  [6]  in 
1933.  Steinmetz  gave  no  information  regarding  his  method  of  meas¬ 
urement  or  the  accuracy  of  his  result.  Hendricks  and  Jefferson 
made  measurements  on  single  crystals  grown  from  melts,  by  sus¬ 
pending  the  crystals  in  an  aqueous  salt  solution,  varying  the  con¬ 
centration  until  the  crystals  just  floated  when  the  system  was  sub¬ 
jected  to  a  centrifugal  force  of  about  400  times  gravity,  and  deter¬ 
mining  the  density  of  the  solution  by  means  of  a  picnometer.  The 
results  were  corrected  for  the  effect  of  compressibility  of  solution  and 
crystals.  The  individual  results  were  not  reported,  but  the  probable 
error  of  the  mean  value  was  given  as  ±0.0001  g/cm3. 

1  Numbers  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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From  the  care  with  which  ihe  measurements  of  Hendricks  and 
Jefferson  were  made,  and  from  the  agreement  of  their  value  with 
that  of  Steinmetz,  it  would  seem  that  the  older  value  of  Lumsden  is 
seriously  in  error.  However,  as  no  information  was  available  re¬ 
garding  the  reliability  of  the  value  reported  by  Steinmetz,  and  as  it 
was  not  absolutely  certain  that  the  difference  between  the  values  of 
Lumsden  and  of  Hendricks  and  Jefferson  could  be  attributed  entirely 
to  error  in  Lumsden ’s  data,  an  independent  determination  of  the 
density  of  benzoic  acid  seemed  desirable.  Since  an  accuracy  of  l  in 
the  third  decimal  place  is  ample  for  the  purpose  of  reducing  weight 
in  air  to  mass,  it  did  not  appear  worth  while  to  attempt  to  obtain 
higher  accuracy  than  this. 

To  obtain  samples  of  benzoic  acid  on  which  density  determina¬ 
tions  could  be  made,  an  attempt  was  made  to  grow  single  crystals 
from  melts  in  the  manner  described  by  Hendricks  and  Jefferson. 
The  product  obtained  was  examined  microscopically  by  C.  P.  Saylor, 
of  the  Chemistry  Division  of  this  Bureau,  who  reported  that  the 
samples  were  not  single  crystals,  but  were  sufficiently  compact  and 
free  from  voids  so  that  resasonably  satisfactory  density  determina¬ 
tions  could  be  made  on  them. 

The  density  determinations  were  made  bv  Mildred  \Y  Jones,  of  the 
Weights  and  Measures  Division  of  this  Bureau,  by  the  method  of 
hydrostatic  weighing  in  a  saturated  aqueous  solution  of  benzoic  acid. 
The  density  of  this  solution  was  determined  by  Mrs.  Jones  by  means 
of  a  picnometer.  Measurements  on  two  samples  of  crystals  prepared 
in  separate  experiments  vielded  the  same  value,  nameiv,  1.316  g/cm:i 
at  28°  C 

The  results  of  the  various  determinations  of  the  density  of  benzoic 
acid  are  given  in  table  1.  The  reduction  to  25°  C  was  made  by  using 
for  the  coefficient  of  cubical  expansion,  7,  both  the  value  0.00040  re¬ 
ported  by  Schwab  and  Wichers  [7]2  and  the  value  0.00067  that  was  ob¬ 
tained  by  recalculating  the  data  of  Smith  [2]  using  the  value  1.319  g/cm3 
at  25°  for  the  density  of  benzoic  acid  rather  than  the  value  1 .266  g/cm3 
at  15°  C  originally  used  by  Smith.  It  will  be  seen  from  table  l  that 
although  the  two  values  of  the  coefficient  of  expansion  differ  consider¬ 
ably,  the  difference  has  only  a  relatively  small  effect  on  the  values 
obtained  for  the  density  at  25°  C.  It  will  also  be  seen  from  table  1 
that  the  three  most  recent  determinations  are  in  reasonably  satis¬ 
factory  agreement  with  each  other,  whereas  the  value  of  Lumsden  is 
lower  by  about  4.5  percent  than  the  other  three.  It  seems  safe  to 
conclude  that  the  value  reported  by  Lumsden  is  seriously  in  error. 
Any  of.  the  other  values  would  be  satisfactory  for  use  in  reducing 
weight  in  air  to  mass,  as  the  value  obtained  for  mass  by  using  1.3176 
g/cm3  for  the  density  would  differ  by  less  than  2  parts  in  a  million  from 
that  obtained  with  1.3202  g/cm3.  In  view  of  the  fact  that  voids  in  the 
samples  of  benzoic  acid  would  result  in  low  values  of  density,  and  be¬ 
cause  of  the  care  with  which  the  measurements  of  Hendricks  and 


2  Schwab  and  Wichers  calculated  the  density  of  solid  benzoic  acid  at  its  melting  point  (by  means  of  the 
Ciausius-Clapeyron  equation)  from  (1)  their  observed  value  of  the  pressure  coefficient  of  the  freezing 
temperature,  (2)  a  value  derived  from  data  reported  by  Timmermans  and  Burriel  [8]  for  the  density  of  the 
liquid  at  the  freezing  temperature,  and  (3)  the  value  given  in  International  Critical  Tables  for  the  heat  ol 
fusion.  The  value  1.27  g/em3  obtained  in  this  way,  and  the  value  of  density  at  23.3°  C  reported  by 
Hendricks  and  Jefferson,  were  then  used  to  calculate  the  mean  coefficient  of  cubioal  expansion  in  the 
range  from  23°  to  122°  C. 
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Jefferson  were  made  and  the  high  precision  of  their  results,  their  value 
is  probably  the  most  reliable  one.  It  is  therefore  recommended  that 
the  value  1.320  g/cm3  be  used  for  the  density  of  benzoic  acid  at  25° 
C  for  the  purpose  of  reducing  weight  in  air  to  mass. 


Table  1.- — Values  for  the  density  of  benzoic  acid 


Observer 

Density  reported 

Density  at  25°  C 

7  =  0.00040 

7  =  0.00067 

Lumsden  (1905) . .  - . .  - 

Stgnmetz  (1913)  - _ _ _ _ 

g/cm  3 

1.266  (15°  C) 

1.3?2  (20°  C) 

1.3211  ±0.0001  (23.3°  C) 
1.316  (28°  C) 

g/cm3 

1.2610 

1.3194 

1.3202 

1  3176 

g/cm 3 
1.2577 
1.3176 
1.3196 
1.3186 

He’ndricks  and  Jefferson  (1933) _ _ _ 

Jones  (this  paper,  1945) _  _  _ 

With  1.320  g/cm3  as  the  value  for  the  density,  the  value  for  the 
heat  of  combustion  of  Standard  Sample  39f  of  benzoic  acid  becomes 
26429.4  ±2.6  international  joules  per  gram  mass  when  the  sample  is 
burned  under  the  standard  conditions  [1]  of  the  bomb  process.  It 
should  perhaps  be  emphasized  that  when  this  standard  sample  of 
benzoic  acid  is  used  to  calibrate  a  bomb  calorimeter,  no  appreciable 
error  would  result  from  using  the  value  originally  reported  [11  for  the 
heat  of  combustion  per  gram  mass  of  the  sample,  provided  the  value 
1,260  g/cm3  is  used  for  the  density  of  benzoic  acid  at  25°  C  in  reducing 
weight  in  air  to  mass. 
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THERMODYNAMIC  PROPERTIES  OF  1,3-BUTADIENE  IN 
THE  SOLID,  LIQUID,  AND  VAPOR  STATES 

By  Russell  B.  Scott,  Cyril  H.  Meyers,  Robert  D.  Rands,  Jr.,  Ferdinand  G. 
Brickwedde,  and  Norman  Bekkedahl 


This  paper  presents  a  detailed  description  of  apparatus  used  and  the  results 
obtained  in  the  following  measurements  relating  to  the  thermodynamic  properties 
of  1,3-butadiene  in  the  solid,  liquid,  and  vapor  states:  (1)  Specific  heats  from 

—  258°  to  +30°  C,  (2)  heat  of  fusion,  (3)  heats  of  vaporization  from  —26°  to 
+  23°  C,  (4)  vapor  pressures  from  —78°  to  +110°  C,  (5)  liquid  densities  from 

—  78°  to  +95°  C,  (6)  vapor  densities  from  30°  to  150°  C,  and  (7)  the  critical  pres¬ 
sure,  volume,  and  temperature  of  1,3-butadiene.  Tables  embodying  the  results 
of  these  measurements  are  included  for  specific  heats,  enthalpy,  and  entropy  of 
the  solid,  liquid,  and  vapor. 
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I.  INTRODUCTION 

The  measurements  of  the  thermodynamic  properties  of  1,3-buta¬ 
diene  described  in  this  paper  were  undertaken  in  response  to  requests 
for  data  needed  in  the  Government’s  synthetic-rubber  program. 
Most  of  the  experimental  data  were  made  available  previously  to  the 
synthetic-rubber  industry  in  the  form  of  reports  [1,  2]  1  submitted  to 
the  Office  of  the  Rubber  Director  and  in  a  National  Bureau  of  Stand¬ 
ards  Letter  Circular  [3].  As  these  reports  were  rather  brief,  more 
detailed  descriptions  of  the  apparatus,  methods,  and  results  are  given 
here. 

Empirical  equations  were  constructed  to  represent  the  experimental 
results  and  used  to  calculate  a  thermodynamically  consistent  set  of 
tables  of  various  derived  properties,  including  enthalpy  and  entropy  of 
1, 3-butadiene  in  the  solid,  liquid,  and  vapor  state.  In  these  calcula¬ 
tions  use  was  made  of  measurements  of  the  specific  heat  of  1,3-buta¬ 
diene  vapor  previously  published  [4]  and  an  equation  of  state  for  the 
vapor  that  represents  measurements  over  a  wide  range  of  temperature 
and  pressure. 

II.  PREPARATION  OF  SAMPLES 

The  butadiene  from  which  the  samples  were  prepared  was  furnished 
by  the  Dow  Chemical  Co.  It  was  shipped  in  a  steel  cylinder  refriger¬ 
ated  with  solid  carbon  dioxide  (—78°  C).  After  it  was  received  it  was 
kept  at  or  near  —  78°  C,  except  while  being  transferred  from  one  con¬ 
tainer  to  another.  The  butadiene  was  removed  from  the  cylinder  by 
evaporating  it  into  one-half-liter  Pyrex  flasks  at  —78°  C.  These  were 
provided  with  seals  that  could  later  be  broken  with  magnetic  plungers 
so  that  all  the  handling  of  the  material  could  be  carried  out  in  the 
absence  of  air.  The  supply  of  butadiene,  somewhat  less  than  2  liters, 
was  stored  in  four  such  flasks. 

It  appeared  that  a  small  amount  of  carbon  dioxide  had  leaked  into 
the  cylinder  during  transit  while  it  was  in  a  C02  atmosphere  at  such  a 
low  temperature  that  the  pressure  inside  the  cylinder  was  less  than 
atmospheric.  The  carbon  dioxide  impurity  was  noticed  during  the 
transfer  as  it  caused  blocking  by  not  condensing  with  the  butadiene. 
It  did  condense  readily  in  a  liquid-air  trap,  which  fact  led  to  the  belief 
that  it  was  carbon  dioxide  and  not  air.  The  blocking  occurred  three 
times  during  the  filling  of  the  first  half-liter  flask.  When  it  occurred, 
the  flask  and  cylinder  were  connected  through  a  stopcock  to  a  vacuum 
system  and  pumped  for  a  few  seconds.  In  this  way  most  of  the  carbon 
dioxide  was  removed,  together  with  some  butadiene.  No  difficulty 
was  experienced  during  the  filling  of  the  three  other  half-liter  flasks. 
These  flasks  are  designated  by  the  numbers  1,  2,  3,  and  4  in  the 
order  of  their  filling. 

1  Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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During  the  course  of  the  experiments  four  samples  were  prepared. 
Sample  1  was  prepared  by  evaporating  the  450-ml  contents  of  flask  3 
at  about  —30°  C,  separating  a  middle  fraction  of  about  110  ml.  This 
fraction  was  frozen  with  liquid  air  with  the  intention  of  pumping  off 
any  air  that  may  have  been  present.  However,  a  pressure  measure¬ 
ment,  made  with  a  McLeod  gage,  showed  this  pumping  to  be  un¬ 
necessary.  The  butadiene  seemed  to  be  free  of  any  impurity  that  had 
an  appreciable  vapor  pressure  at  the  temperature  of  liquid  air.  After 
melting  the  butadiene,  another  evaporation  was  carried  out,  and  the 
middle  95  ml  was  collected.  This  constituted  sample  1.  The  unused 
material  from  both  evaporations  was  returned  to  the  half-liter  flask. 

The  material  from  which  sample  2  was  prepared  consisted  of  about 
100  ml  of  butadiene  also  taken  from  flask  3.  The  distillate  was 
separated  into  five  fractions.  Fraction  1,  about  10  ml  of  liquid,  was 
discarded.  Fraction  2  was  a  very  small  amount,  about  0.2  ml  of 
liquid.  Fraction  3  was  the  main  body  of  the  material,  about  80  ml  of 
liquid,  which  constituted  sample  2.  Fraction  4  was  another  small 
sample  about  the  same  size  as  fraction  2.  Fraction  5,  about  10  ml  of 
liquid,  was  discarded. 

The  vapor  pressures  of  fractions  2  and  4  were  compared  at  a  pressure 
of  about  1  atm  by  means  of  a  differential  vapor-pressure  apparatus 
similar  to  that  described  by  Shepherd  [5].  No  difference  in  vapor 
pressures  was  detected,  although  a  difference  of  0.05  mm  Hg  could 
have  been  noticed.  This  equality  of  vapor  pressures  indicated  that 
further  distillation  of  fraction  3  would  have  little  effect. 

Sample  2  was  prepared  by  fractional  distillation  by  the  use  of  a 
still  with  a  rectifying  column.  This  apparatus  is  shown  in  figure  1. 
The  boiling  reservoir,  A,  is  surmounted  by  a  rectifying  column,  B, 
consisting  of  a  monel  tube  with  a  deep  helical  groove.  The  Pyrex 
container  surrounding  the  rectifying  column  fits  so  closely  that,  during 
operation,  the  liquid  sealed  the  space  between  the  glass  and  the  metal, 
causing  all  the  vapor  and  most  of  the  refluxing  liquid  to  traverse  the 
helical  groove,  a  path  of  about  6  m.  The  evacuated  space  between 
the  two  walls  of  the  Pyrex  container  insulated  the  boiler  and  rectifying 
column.  The  heat  required  for  the  boiling  is  supplied  by  the  heater, 
C,  consisting  of  34  ohms  of  fiber-glass-insulated  constantan  wire 
wound  on  the  stem  of  the  copper  piece,  D.  The  inverted  mushroom 
of  copper  conducts  the  heat  from  the  constantan  heater  to  the  bottom 
of  the  boiling  reservoir.  The  walls  of  the  condenser,  E,  are  in  con¬ 
tact  with  the  stirred  alcohol  bath  in  which  the  still  is  immersed.  The 
bath  is  refrigerated  by  means  of  a  copper  coil  into  which  high-pressure 
carbon  dioxide  expands.  An  electric  heater  is  provided  so  that  excess 
refrigeration  can  be  compensated  and  a  constant  bath  temperature 
maintained.  During  the  operation  of  the  still  the  temperature  of  the 
bath  was  kept  at  about  —25°  C  and  manually  controlled  so  as  not  to 
vary  more  than  0.05  degree.  The  butadiene  vapor  was  withdrawn 
at  F.  The  withdrawn)  rate  and  the  boiling  rate  were  adjusted  so 
that  the  reflux  ratio  was  about  15. 

Sample  3  was  prepared  by  fractional  crystallization  of  material 
from  flask  2.  The  apparatus  used  is  shown  in  figure  2.  The  buta¬ 
diene  in  flask  A  was  partially  frozen  by  cooling  produced  by  the  liquid 
air  surrounding  tube  C.  The  air  space  separating  flask  A  and  tube  C 
provided  enough  insulation  to  prevent  too  rapid  freezing.  About  20 
minutes  were  required  to  freeze  150  ml  of  butadiene.  While  the 
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freezing  proceeded,  the  magnetic  stirrer,  D,  kept  the  liquid  agitated 
so  that  there  would  not  be  a  concentration  of  impurity  at  the  surface 
of  the  solid  as  it  formed.  Two  fractional  crystallizations  were  per¬ 
formed.  After  the  first,  about  50  ml  remained  liquid  and  was  poured 
into  flask  B.  The  remaining  solid  was  melted  and  again  fractionally 
crystallized,  this  time  discarding  into  flask  B  about  75  ml  of  unfrozen 


Figure  1. — Still  with  rectifying  column  used  to  purify  butadiene. 

A,  boiling  reservoir;  B,  rectifying  column;  C,  heater;  D,  copper  conductor;  E,  condenser;  F,  withdrawal  line. 
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material.  Flask  B  was  then  sealed  off,  and  the  125  ml  of  butadiene 
remaining  in  flask  A  constituted  sample  3. 

Sample  4  was  prepared  by  passing  the  butadiene,  from  flask  4,  as  a 
vapor  over  freshly  outgassed  silica  gel.  After  condensing,  the  buta- 


Figure  2. — Fractional  cystallization  apparatus  used  to  purify  butadiene. 

A,  butadiene  in  freezing  flask;  B,  waste  flask;  C,  tube  providing  air  space  around  freezing  flask;  I),  stirrer. 
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diene  was  fractionally  crystallized  three  times,  and  finally  the  re¬ 
crystallized  material  was  distilled  twice.  In  this  process  only  about 
60  ml  of  butadiene  was  obtained  from  an  initial  supply  of  400  ml. 

Estimates  of  purity  of  the  various  samples,  based  on  melting  data 
and  vapor-pressure  measurements,  are  given  in  section  V. 


III.  CALORIMETRIC  MEASUREMENTS 
1.  APPARATUS 
(a)  CALORIMETER 

The  calorimeter  was  of  the  adiabatic  vacuum  type,  similar  to  one 
described  by  Southard  and  Brickwedde  [6]  for  the  measurement  of 
the  specific  heats  of  nonvolatile  solids.  It  was  designed  for  the  meas¬ 
urement  of  the  specific  heat  and  latent  heats  of  a  material  that  can  be 
introduced  into  the  calorimeter  as  a  vapor  and  there  condensed. 
Although  the  principal  features  are  the  same  as  those  described  by 
Southard  and  Brickwedde,  several  changes  were  necessary  to  adapt 
the  design  to  the  present  use.  Some  changes  were  also  made  in  the 
electric  controls,  by  means  of  which  adiabatic  conditions  are  main¬ 
tained.  Because  of  these  modifications  and  other  differences  in 
constructional  detail,  a  description  of  the  apparatus  will  be  given  here. 

The  term  “calorimeter”  may  be  properly  applied  to  the  complete 
apparatus  with  which  thermal  measurements  are  made,  but  for 
convenience  in  the  following  and  later  discussions  in  this  paper,  the 
word  “calorimeter”  will  be  used  to  designate  that  part  of  the  apparatus 
containing  the  material  being  investigated,  including  all  parts  in 
intimate  thermal  contact  with  the  material.  The  calorimeter  is  shown 
in  vertical  section  at  C,  figure  3,  and  in  horizontal  section  at  C' . 
It  consists  of  a  cylindrical  container  of  copper  1  mm  in  wall  thickness, 
with  domed  ends  of  the  same  thickness,  and  contains  two  sets  of 
vanes,  V1  and  V2,  0.2  mm  thick,  for  the  distribution  of  heat.  The 
heater,  Hly  by  means  of  which  measured  amounts  of  electric  energy 
were  added,  consists  of  two  lengths  of  No.  34  AWG  constantan  wire 
with  fiber-glass  insulation.  The  wire  was  inserted  into  copper  tubing, 
and  then  the  tubing  was  drawn  down  snugly  on  the  wire.  The  outside 
diameter  of  the  tubing  was  about  1  mm  after  drawing.  The  tubing 
was  wound  in  a  single  layer  on  the  outside  of  vanes  Vx.  The  heater 
is  in  two  parts,  the  section  nearer  the  bottom  of  the  calorimeter  having 
a  resistance  of  about  28  ohms  and  the  upper  part  having  a  resistance 
of  about  37  ohms.  The  four  ends  of  the  copper  tubes,  with  the  project¬ 
ing  ends  of  the  constantan  wire,  were  brought  out  thi’ough  the  bottom 
of  the  calorimeter.  Vanes  V2  are  W-shaped  pieces  of  copper  formed 
to  fit  closely  between  the  heater  tubing  and  the  wall  of  the  calorimeter. 
The  cone,  B,  just  above  the  vanes,  is  a  baffle  intended  to  prevent 
droplets  of  liquid  from  being  carried  out  of  the  calorimeter  during 
vaporization  experiments.  The  vanes,  heater  tubes,  and  inside  sur¬ 
faces  of  the  calorimeter  shell  were  tinned  before  assembling  and  the 
completed  assembly  heated  to  solder  the  parts  together.  About  2  mm 
of  each  end  of  the  cylindrical  wall  was  spun  over  the  edge  of  the  end 
cap  to  increase  the  strength  of  the  calorimeter.  The  thermometer, 
T,  used  to  determine  the  temperature  of  the  calorimeter  is  a  four- 
lead,  strain-free,  platinum  resistance  thermometer  in  a  platinum 
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tube.  This  type  of  thermometer  has  been  described  by  Southard  and 
Milner  [7].  The  calibration  of  the  thermometer  used  in  this  investiga¬ 
tion  has  been  described  by  Hoge  and  Brickwedde  [8].  The  thermom¬ 
eter  contains  helium  and  is  sealed  at  the  bottom  by  a  soft  glass  cap, 
through  which  the  platinum  leads  pass.  Intimate  thermal  contact 


Figure  3. — Sectional  view  of  calorimeter  and  auxiliary  apparatus. 

L,  electrical  leads;  P,  top  plate  of  hydrogen  container;  Ti  monel  tube  for  evacuation;  D,  Dewar  flask;  Co, 
brass  case;  K,  point  at  which  leads  pass  through  shield;  Rt  and  Rz,  copper  rings;  Hi,  cable  heater;  Co,  alumi¬ 
num  cone;  Ti,  monel  tube  for  exhausting  over  bath;  Pi,  brass  ring;  Wi,  wire  for  thermal  shunt;  Ch,  vacuum 
chamber;  J  sliding  joint  between  top  and  side  of  shield;  S,  shield;  T\,  filling  tube;  B,  baffle;  Hi,  heater; 
C,  calorimeter;  T,  resistance  thermometer;  W,  thermometer  well;  Pi,  weighing  flask;  Pa  reservoir;  Vi 
and  Vi,  copper  vanes. 


between  the  thermometer  and  the  well,  W,  was  attained  by  filling  the 
excess  space  around  the  thermometer  with  low-melting  (90°  C)  solder. 
The  cone,  Co,  is  a  piece  of  aluminum  foil  0.001  in.  thick  to  trap  heat 
radiated  from  the  exposed  ends  of  the  heaters.  The  calorimeter  is 
supported  by  the  monel  tube,  Tu  through  which  the  calorimeter  was 
filled  and  emptied. 

The  radiation  shield,  S,  is  made  of  sheet  copper  0.4  mm  thick. 
It  is  cylindrical  with  conical  ends.  The  bottom  is  soldered  to  the 
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cylindrical  side,  and  the  joint,  J,  at  the  top  is  a  close  sliding  fit  be¬ 
tween  the  side  and  a  flange  on  the  top.  Electric  heaters  on  the  shield 
and  differential  thermocouples  between  the  calorimeter  and  shield 
were  provided  so  that  all  parts  of  the  shield  could  be  kept  at  the 
temperature  of  the  calorimeter.  The  heater  on  the  side  of  the  shield 
consists  of  a  single  layer  of  No.  30  AWG  double  silk-covered  constan- 
tan  wire  entirely  covering  the  side.  Two  wires  were  wound  side  by 
side  and  connected  in  parallel  so  as  to  obtain  the  desired  resistance. 
The  heaters  on  the  top  and  bottom  cones  of  the  shield  were  wound  on 
the  projecting  cylindrical  copper  rings  shown  in  the  figure.  Although 
these  heaters  do  not  achieve  as  uniform  distribution  of  heat  as  does 
the  side  winding,  a  calculation  showed  that  errors  arising  from  the 
nonuniformity  of  temperature  would  be  negligible.  Glyptal  lacquer 
applied  to  the  heater  wires  as  they  were  wound  served  to  cement  them 
in  place  and  to  improve  their  thermal  contact  with  the  shield.  After 
the  heaters  were  wound,  the  shield  was  covered  with  aluminum  foil 
to  reduce  radiation.  The  heater  and  thermocouple  circuits  and  the 
distribution  of  the  thermocouple  junctions  will  be  described  later. 

The  radiation  shield  is  supported  by  the  tube,  Tx,  and  the  assembly 
thus  far  described  hangs  in  the  evacuated  chamber,  Ch.  There  is  an 
opening  in  the  shield  through  which  the  electric  leads  pass  so  that  the 
space  between  the  calorimeter  and  the  shield  is  also  evacuated. 
However,  aluminum  foil  was  placed  over  this  opening  so  that  there 
would  be  no  direct  path  for  radiation  to  leave  the  space  inside  the 
shield. 

The  temperature  of  tube  Tx  was  controlled  by  means  of  a  heater 
of  constantan  wire  wound  in  a  single  layer  from  a  point  about  2  cm 
above  the  top  of  the  shield  to  a  point  level  with  the  top  of  the  Dewar 
flask,  D.  At  the  lower  end  of  this  heater  was  soldered  a  copper 
wire,  Wx,  No.  18  AWG,  which  provides  a  thermal  path  to  the  cold 
ring,  Rt.  The  wire  is  in  two  parts,  which  were  soldered  together 
after  assembling  the  shield  system,  the  total  length  of  wire  from  the 
tube  to  the  ring  being  about  7  cm.  A  thermocouple  junction  on  the 
tube  just  below  the  copper  wire  indicated  the  difference  in  tempera¬ 
ture  between  this  point  and  the  shield.  By  means  of  this  thermo¬ 
couple  and  the  tube  heater  the  tube  was  kept  about  0.01  degree  warmer 
than  the  calorimeter  to  prevent  condensation  of  butadiene  in  the  tube. 

The  Dewar  flask,  D,  contains  a  bath  that  supplies  the  refrigeration. 
Solid  hydrogen  was  used  for  the  lowest  temperatures,  which  were 
obtained  by  closing  the  filler  tube,  T4,  and  reducing  the  pressure 
over  a  bath  of  liquid  hydrogen  by  pumping  out  the  vapor  through 
the  tube,  T2,  by  means  of  a  large  vacuum  pump.  For  successively 
higher  temperatures  the  refrigerating  materials  were  liquid  hydrogen, 
liquid  air,  solid  carbon  dioxide,  ice,  and  water.  When  liquid  or  solid 
hydrogen  was  used  as  the  refrigerant,  the  brass  case,  Ca,  surrounding 
the  Dewar  flask  was  immersed  in  liquid  air,  in  a  larger  flask,  to  a 
level  above  the  top -plate,  P. 

The  electric  leads  enter  the  vacuum  space  through  the  wax  seal  at 
L  and  pass  down  through  the  tube,  T3.  They  are  brought  to  the 
temperature  of  the  bath  by  being  wound  twice  around  the  brass  ring, 
Ri,  and  are  cemented  to  it  with  Glyptal  lacquer.  Leaving  the  ring, 
the  leads  pass  down  outside  the  shield  and  are  brought  to  the  tem¬ 
perature  of  the  shield  by  means  of  the  heater,  H2,  wound  on  the 
leads.  This  preheating  of  the  leads  before  they  come  into  contact 


420/46 


Properties  of  1,3 -Butadiene 


with  the  shield  is  done  to  avoid  a  cold  spot  on  the  shield.  The 
leads  are  then  wound  in  a  single  layer  as  a  helix  passing  up  the  side 
of  the  shield  under  the  shield  heater  and  making  four  turns  around 
the  shield.  At  point  K  some  of  the  leads  are  separated  from  the 
bundle  and  are  connected  to  the  heaters  and  thermocouples.  The 
remaining  leads  enter  the  shield  and  make  a  turn  around  ring  R2, 
which  is  soldered  to  the  top  of  the  shield.  They  then  pass  to  the 
calorimeter,  making  a  turn  around  ring  R3,  which  is  soldered  to  the 
top  of  the  calorimeter.  The  leads  are  cemented  to  the  rings  with 
Glyptal  lacquer  and  are  bound  down  tightly  with  thread.  Leaving 
ring  R3  the  leads  pass  down  the  side  of  the  calorimeter  and  are  con¬ 
nected  to  the  thermometer  and  heater.  All  the  leads  are  No.  34 
AWG  copper  wire  insulated  with  enamel  and  silk. 

The  filling  tube,  T1}  communicates  through  the  valves  with  the 
flasks,  Fi  and  F2,  or  with  the  vacuum  system.  The  amount  of 
butadiene  involved  in  an  experiment  was  determined  by  transferring 
the  butadiene  from  the  calorimeter  to  the  brass  container,  Fr,  and 
weighing  Fx  before  and  after  the  transfer.  A  union  not  shown  per¬ 
mitted  the  removal  of  Fx  so  that  it  could  be  weighed  on  an  analytical 
balance.  In  the  Pyrex  flask,  F2,  the  approximate  volume  of  the  buta¬ 
diene  was  visually  estimated  before  transferring  it  to  the  calorimeter. 
This  flask  was  also  used  as  an  auxiliary  reservoir  in  experiments  on 
the  heat  of  vaporization. 

(b)  ELECTRIC  CONTROL  CIRCUITS 

The  thermocouple  circuits  and  the  locations  of  the  junctions  on  the 
apparatus  are  shown  in  figure  4.  The  numbered  arrows  on  the  dia¬ 
gram  of  the  calorimeter  and  shield  show  the  locations  of  the  junctions 
and  refer  also  to  the  corresponding  junctions  shown  in  the  circuit 
diagrams,  A  and  B.  Multiple-junction  thermocouples  were  used 
between  the  shield  and  the  calorimeter,  as  it  is  here  that  the  most 
accurate  control  is  necessary.  The  three-junction  couple  between  the 
calorimeter  and  the  side  and  bottom  of  the  shield  was  wired  so  that  the 
galvanometer,  G2,  could  be  connected  through  the  plug  contacts,  P, 
to  any  adjacent  pair  of  leads  from  junctions  1,  2,  3h  and  4.  This 
allowed  the  operator  to  explore  the  temperature  distribution  over  the 
shield  so  that  the  ratio  of  the  heat  supplied  to  the  side  and  bottom 
could  be  adjusted  to  minimize  the  temperature  differences.  While 
measurements  were,  being  made  the  contacts,  P,  were  connected  to 
leads  1  and  4,  thus  using  the  total  emf  generated  by  the  three-j  unc¬ 
tion  thermocouple.  The  six-junction  thermocouple,  between  the  top 
of  the  shield,  8,  and  the  top  of  the  calorimeter,  9,  permits  the  detection 
of  very  small  temperature  differences  between  these  two  points.  Very 
accurate  control  was  desirable  here  to  prevent  heat  conduction  between 
the  shield  and  the  calorimeter  along  the  leads  and  the  filler  tube. 
The  elements  of  the  multiple-j unction  thermocouples  were  constantan 
and  Chromel-P.  The  combination  of  these  alloys  has  a  greater  ther¬ 
moelectric  power  than  constantan-copper,  and  Chromel-P  possesses 
the  additional  advantage  that  its  thermal  conductivity  is  much  less 
than  that  of  copper.  Copper-constantan  junctions  at  11  and  12  with 
the  reference  junction  at  10  were  used  in  maintaining  temperature 
equality  between  these  points.  Single  junctions  were  used  at  11  and 
12  as  high  accuracy  is  not  necessary  in  controlling  the  temperature 
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of  these  points.  The  constantan  and  Chromel-P  thermocouple  wires 
were  No.  32  AWG,  double  silk  insulated.  All  the  junctions  except 
11  and  12  were  enclosed  in  flat  sheaths  about  3  mm  wide  and  8  mm 
long,  made  of  sheet  copper  0.2  mm  thick.  Strips  of  mica  were  used 
to  insulate  the  wires  from  the  copper  sheaths.  A  cross  section  of  this 
arrangement  is  shown  at  C,  figure  4.  After  inserting  the  junctions 
and  the  mica  insulating  strips  into  the  copper  sheath,  the  copper  was 
crimped  tightly  on  the  mica  by  pressing  in  a  vise.  Junction  11  was 
insulated  with  silk  floss  and  inserted  into  the  bundle  of  leads,  which 
were  then  bound  together  with  thread  and  impregnated  with  Glyptal 
lacquer.  Junction  12  was  insulated  with  silk  floss  and  bound  to  the 


r  _^C0PPER 

THERMOCOUPLE 

WIRES 

Figure  4. — Diagram  of  thermocouple  circuits  showing  locations  of  junctions. 

A,  circuits  for  top,  cable,  and  tube;  B,  circuits  for  side  and  bottom;  C,  enlarged  diagram  of  thermojunction. 

tube  with  thread,  Glyptal  lacquer  again  being  used  as  a  cement  for 
improving  thermal  contact.  The  sheathed  junctions  were  held  in 
place  on  the  surfaces  of  the  calorimeter  and  shield  by  wedging  them 
under  small  bridges  of  copper  which  were  soldered  to  the  surfaces. 
The  junctions  of  the  six-junction  thermocouple  were  held  against  the 
inner  surfaces  of  the  rings,  R2  and  R3,  by  short  pieces  of  watch  spring 
coiled  inside  the  rings.  The  sensitivity  of  the  thermocouple  circuits 
at  90°  K  were  as  follows:  Top  (six  junction)  1.6  mm  per  millidegree; 
side  (three  junction)  0.8  mm  per  millidegree;  ring  and  tube  (single 
junction)  0.2  mm  per  millidegree. 

The  control  circuit  for  the  shield  system  is  shown  in  figure  5.  The 
resistances  marked  side,  bottom,  top,  ring,  and  tube  represent  the 
electric  heaters  on  the  respective  parts  of  the  adiabatic  shield  system. 
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Ax,  A2,  A3,  and  A4  are  milliameters  for  measuring  the  current  in  each 
circuit.  The  currents  supplied  to  the  heaters  are  controlled  by  the 
1-amp  Variac  transformers,  Vx  and  V2,  and  the  500-ohm  50-w  poten¬ 
tial-divider  rheostats,  Ru  R2,  R3,  and  R4.  When  measurements  are 
being  made,  the  Variacs  and  rheostats  are  first  adjusted  so  that  the 
thermocouples  on  the  shield  system  indicate  approximately  constant 
adiabatic  conditions  and  then  minor  variations  are  compensated  by 
the  use  of  keys  Kx  and  K2  in  each  circuit.  Kx  shorts  out  a  resistor  of 
100  ohms,  thus  momentarily  increasing  the  current  in  the  circuit, 
and  K2  opens  the  circuit  momentarily.  This  operation  is  more  con¬ 
venient  than  changing  the  rheostat  settings  to  compensate  small 
variations  in  temperature.  The  3,200-ohm  potential  divider  is  used 


Figure  5. — Diagram  of  electrical  control  circuits. 

A i,  A'i,  A3,  and  A.,  ammeters;  Jt'i  and  Ki,  contact  keys;  R\,  Ri,  Rz,  and  R„  rheostats;  Vi  and  Vi,  Variac 

transformers. 


to  adjust  the  ratio  of  the  heat  supplied  to  the  side  and  bottom  parts 
of  the  shield.  After  once  adjusting  this  ratio,  it  was  not  found 
necessary  to  change  it. 


(c)  MEASURING  CIRCUITS 

The  circuits  for  measuring  the  electric  energy  supplied  to  the  calorim¬ 
eter  and  for  measuring  its  temperature  before  and  after  heating  are 
shown  in  figure  6.  The  current  through  the  heater  is  determined  by 
measuring  the  potential  drop  across  a  1-ohm  standard  in  series  with 
the  heater.  The  potential  across  the  heater  is  determined  by  measur¬ 
ing  a  part  of  this  potential  by  means  of  the  volt  box,  which  has  a 
nominal  ratio  of  1  to  150.  The  leads  from  the  volt  box  to  the  heater 
are  actually  part  of  the  total  volt-box  resistance,  so  it  is  necessary  to 
include  their  resistance  when  calculating  the  potential  across  the 
heater.  Also  part  of  the  current  that  flows  through  the  1-ohm 
standard  flows  through  the  volt  box;  so  this  correction  must  be  also 
made  in  calculating  the  current  through  the  heater.  One  of  the 
potential  leads  is  connected  to  a  current  lead  at  its  point  of  thermal 
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contact  with  the  shield  just  before  crossing  the  space  between  the 
calorimeter  and  shield.  The  other  potential  lead  is  connected  to  the 
other  current  lead  at  its  first  point  of  thermal  contact  with  the  calorim¬ 
eter.  Thus  the  measured  electric  energy  is  the  energy  developed  in 
the  heater  plus  the  energy  developed  in  that  part  of  one  current  lead 
which  traverses  the  space  between  the  shield  and  the  calorimeter.  As 
the  two  sections  of  the  current  leads  crossing  from  the  shield  to  the 
calorimeter  are  equivalent,  the  same  amount  of  heat  will  be  developed 
in  each.  If  it  is  assumed  that  this  heat  divides  equally  between  the 
calorimeter  and  shield,  then  the  heat  supplied  to  the  calorimeter  will 
be  that  which  is  measured  by  this  arrangement  of  the  potential  leads. 

The  time  of  heating  was  controlled  and  measured  by  making  use  of 
time  signals  supplied  by  the  Riefler  clock  in  the  Time  Section  of  this 


TIME8IGNALS 


PT.  RESISTANCE 
THERMOMETER 


MUELLER 

BRI06E 


Figure  6. — Diagram  of  measuring  circuits. 


Bureau.  The  signals  consist  of  electric  impulses  at  1-second  intervals, 
except  for  a  2-second  interval  at  the  end  of  each  minute.  With  switch 
S3  closed,  the  operator  notes  the  impulses  actuating  the  relay.  When 
the  2-second  interval  appears,  the  switch  S2  is  closed,  and  the  next 
impulse  will  close  the  30-v  circuit  that  actuates  the  magnetic  switch. 
This  switch  is  so  constructed  that  it  may  be  preset  to  snap  either  from 
left  to  right  or  from  right  to  left  when  it  receives  the  30-v  impulse. 
Thus  the  time  of  heating  is  an  integral  number  of  minutes.  When 
the  current  is  not  flowing  through  the  calorimeter  heater,  it  flows 
through  a  dummy  of  equal  resistance  so  that  the  battery  current  is 
constant. 

Some  tests  were  made  in  which  the  magnetic  switch  was  used  to 
operate  the  clutch  of  a  synchronous  interval  timer  driven  by  an  ac¬ 
curately  controlled  60-cycle  supply.  The  reading  of  the  interval 
timer  were  found  to  be  within  0.01  second  of  the  interval  indicated  by 
the  clock-controlled  circuit. 
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The  temperature  of  the  calorimeter  was  determined  by  measuring 
the  resistance  of  the  four-lead  platinum  resistance  thermometer  by 
means  of  the  Mueller  resistance  bridge.  The  temperature  rise  during 
a  heat  was  determined  with  an  accuracy  of  about  0.001  degree  except 
at  temperatures  below  20°  K,  where  the  sensitivity  was  of  the  order  of 
0.01  degree. 

2.  SPECIFIC  HEAT 

(a)  METHOD  OF  MEASUREMENT 

The  specific  heat  of  butadiene  was  obtained  from  measurements  of 
the  heat  capacity  of  the  calorimeter  and  contents.  Two  sets  of  heat- 
capacity  measurements  were  required,  one  with  a  large  amount  of 
material  in  the  calorimeter  and  one  with  a  small  amount.  This  pro¬ 
cedure,  which  entails  measurements  with  a  small  amount  of  material 
in  the  calorimeter  rather  than  with  the  calorimeter  empty,  has  been 
described  by  Osborne  [9].  It  not  only  takes  into’  account  the  tare  heat 
capacity  of  the  calorimeter  but  makes  possible  an  accurate  correction 
for  the  effect  of  the  vapor  in  the  space  above  the  solid  or  liquid  in  the 
calorimeter  and  connecting  tube.  In  making  the  correction  it  is  not 
necessary  to  know  the  volume  of  the  vapor  space  nor  the  temperature 
of  the  filler  tube,  provided  the  temperature  is  the  same  during  both 
sets  of  measurements. 

The  data  from  which  heat  capacities  were  calculated  consisted  of 
values  of  the  temperature  of  the  calorimeter  and  contents  before  and 
after  a  measured  amount  of  electric  energy  had  been  added.  The 
temperature  rise  during  a  heating  period  was  usually  about  10  degrees, 
although  it  was  sometimes  as  small  as  4  degrees  or  as  large  as  30  degrees. 
The  rate  of  temperature  rise  was  varied  from  about  0.5  degree  per 
minute  to  7  degrees  per  minute.  The  rate  of  7  degrees  per  minute  was 
taken  between  20°  and  30°  K,  where  the  heat  capacity  was  small. 
This  high  rate  could  not  safely  be  reached  at  temperatures  above 
100°  K  because  the  electric  leads  were  too  small  for  the  required  cur¬ 
rent.  About  3  degrees  per  minute  was  the  highest  rate  attained  at 
temperatures  above  100°  K.  One  to  two  degrees^'per  minute  was  the 
normal  rate  of  rise.  No  consistent  differences  were  observed  between 
the  data  obtained  from  long  heating  intervals  and  those  from  short 
intervals,  or  between  the  data  obtained  from  rapid  heating  and  those 
from  slow  heating. 

(b)  METHOD  OF  CALCULATION 

If  a  quantity  of  energy,  A Q,  is  required  to  raise  the  temperature  of 
the  calorimeter  and  contents  an  amount,  AT,  the  average  heat  ca¬ 
pacity  over  this  temperature  interval  is  AQ/AT.  The  true  heat  capac¬ 
ity,  dQ/dT,  is  the  limit  of  this  fraction  as  AT  approaches  zero.  This 
limit,  dQldT=[G]Ta,  may  be  calculated  from  the  finite  measured 
quantities  by  means  of  a  relation  given  by  Osborne,  Stimson,  Sligh, 
and  Cragoe  [10] . 


where  A Q  is  the  heat  added,  AT  is  the  temperature  rise,  and  Ta  is  the 
average  temperature  of  the  heating.  In  making  the  calculations,  the 
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derivatives  of  G  with  respect  to  T  were  replaced  by  derivatives  of 
AQ/AT  with  respect  to  T.  This  is  permissible  because  AQ/AT  is 
approximately  equal  to  G.  Values  of  the  derivatives  were  determined 
from  graphs  of  AQ/AT  versus  T.  The  last  term  involving  the  fourth 
derivative  of  G  was  found  to  be  negligible  for  all  the  data  for  which  this 
method  was  used.  In  fact,  the  term  in  which  the  second  derivative  of 
G  appears  was  usually  less  than  0.1  percent  of  G. 

The  heat-capacity  data  were  correlated  and  values  obtained  at 
intervals  of  5  degrees  by  finding  approximate  analytical  representations 
and  plotting  the  deviations  of  the  observed  values  from  these  formulas. 
At  low  temperatures  the  heat  capacity  was  represented  approximately 
by  a  modified  Debye  function  D[Q/(T-\-B)]  suggested  by  Harold  J. 
Hoge.  The  Debye  function  was  evaluated  from  the  tables  prepared  by 
Beattie  [11].  By  determining  appropriate  values  of  0  and  B,  this  func¬ 
tion  could  be  made  to  fit  the  heat-capacity  data  of  the  full  calorimeter 
from  15°  to  100°  K.  When  the  calorimeter  contained  only  a  small 
amount  of  butadiene  it  wTas  possible  to  use  this  function  from  15°  to 
150°  K,  the  maximum  deviation  being  about  2.5  percent  of  the  heat 
capacity  at  100°  K.  The  conventional  Debye  function  D(Q/T )  could 
not  be  used  over  such  large  ranges  of  temperature.  At  temperatures 
above  100°  K  for  the  full  calorimeter  and  above  150°  for  the  almost 
empty  calorimeter,  the  heat-capacity  data  were  represented  approxi¬ 
mately  by  equations  of  the  form  G=a-\-bTJrcT‘2.  Tables  were  con¬ 
structed  giving  Gb,  the  gross  heat  capacity  when  the  calorimeter 
contained  a  large  amount  of  butadiene,  and  Ga,  the  gross  heat  capacity 
when  it  contained  a  small  amount. 

The  specific  heat  along  the  saturation  line,  Csat.,  was  calculated  by 
means  of  the  equation 


Csat . 


Gb -  Ga 

Mb-Ma 


(2) 


where  v  is  the  specific  volume  of  the  condensed  phase  and  P  is  the 
vapor  pressure.  This  equation  was  derived  from  relations  given  by 

Osborne  [9].  The  term  allows  for  the  fact  that  the  gross 

heat  capacity  G  includes  some  heat  of  vaporization.  That  is,  sufficient 
butadiene  evaporates  to  maintain  saturation  pressure  in  the  space 
above  the  condensed  phase  in  the  calorimeter.  The  last  term  of 
equation  2  is  negligible  for  solid  butadiene  because  the  vapor  pressure 
of  the  solid  is  low. 

Values  of  v(dP/dT)  for  the  liquid  were  obtained  from  vapor-pressure 
equation  4  (section  XV-1,  c)  and  values  of  v  from  table  13. 


(c)  RESULTS 

The  results  of  the  specific-heat  determinations  are  shown  in  figure 
7  and  in  tables  1  and  2.  The  symbol  Csat.  is  used  to  denote  the  specific 
heat  at  saturation.  The  graph  at  the  bottom  of  figure  7  shows  the 
differences  between  the  specific-heat  values  obtained  for  the  different 


426/52 


Properties  of  1,3-Butadiene 

samples  in  the  temperature  range  60°  to  215°  K.  In  the  liquid  range 
there  is  excellent  agreement,  the  differences  usually  being  less  than 
0.1  percent.  However,  in  the  solid  state  the  differences  between 
the  specific  heats  of  the  different  samples  is  considerably  larger.  At 
70°  K  the  specific  heat  of  sample  1  is  about  1.8  percent  larger  than 
that  of  sample  4.  It  is  unlikely  that  this  difference  can  be  accounted 
for  by  experimental  error  as  different  measurements  on  the  same 
sample  agreed  within  about  0.1  percent,  and  in  the  liquid  state  the 
agreement  between  the  measurements  on  different  samples  was 
equally  good.  It  was  thought  at  first  that  the  discrepancies  might 


Figure  7. — Specific  heat  along  the  saturation  line  for  1 ,3-butadiene  as  a  function  of 

temperature 

have  resulted  from  different  rates  of  cooling  of  the  different  samples, 
but  a  test  made  to  detect  such  an  effect  gave  a  negative  result.  The 
most  reasonable  conclusion  is  that  the  differences  were  caused  by 
different  amounts  of  impurity  in  the  different  samples.  This  explana¬ 
tion  requires  that  the  impurity  affect  the  specific  heat  to  a  much  greater 
extent  than  would  be  expected  from  the  additive  law  of  specific  heats. 
The  large  differences  just  below  the  triple  point  are  caused  by  the 
premelting  of  samples  1  and  3.  Sample  4,  the  specific  heat  of  which 
is  used  as  the  reference  in  the  deviation  graph,  contained  so  little 
impurity  that  there  was  no  apparent  premelting  until  the  temperature 
was  within  0.2  degree  of  the  triple  point. 
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Table  1. — Specific  heat  of  solid  1 ,3-butadiene 


i 


I 


i 


T 

C.c. 

Sample  1 

Sample  3 

Sample  4 

°  K 

Int.  j 

Int.' j 

Int.  j  g-l°K~l 

15 

0.  0747 

20 

.  1492 

25 

.  2341 

30 

.  3193 

35 

.  4012 

40 

.  4762 

45 

.  5447 

50 

.  6081 

" 

55 

.  6654 

60 

.7186 

0.  7136 

65 

.7670 

.7532 

70 

.8112 

.7964 

75 

.8522 

.8393 

80 

.8923 

.8800 

85 

.9307 

.9202 

90 

.9674 

.9585 

95 

1.  0006 

0.  9999 

.9954 

100 

1.  0333 

1.  0328 

1.  0302 

105 

1.0668 

1.0656 

1.0636 

110 

1.  1017 

1.  1000 

1.  0963 

115 

1. 1376 

1. 1358 

1.  1312 

120 

1.  1745 

1. 1718 

1. 1685 

125 

1.2136 

1.  2089 

1.  2071 

130 

1.  2524 

1.  2474 

1.  2481 

135 

1.  2963 

1.  2920 

1.2926 

140 

1.  3454 

1.  3408 

1.3412 

145 

1.4019 

1.  3951 

1.  3942 

150 

1.4651 

1.4533 

1.  4521 

155 

1.  5450 

1.  5200 

1.  5186 

160 

1.  7356 

1.  6097 

1.  5968 

Table  2. — Specific  heat  of  liquid  1 ,3-butadiene 


T 

(Gb-Ga)KMb 

- Ma ) 

d  (  dp\ 
dt\v  dt) 

Ci«i, 

Sample  1 

Sample  3 

Sample  4 

Mean 

°  K 

Int.  j  g-'°K -> 

Int.j  g-'aK~l 

Int.j  g~l°K~i 

Int.j  g~l°K~x 

Int.j  g-'°K~  i 

165 

1.9104 

1.9099 

1.9130 

0.000 

1.911 

170 

1.9116 

1.  9116 

1.9136 

.000 

1.912 

175 

1.9139 

1.9141 

1.9151 

.001 

1.915 

180 

1.9172 

1.9172 

1.9177 

.001 

1.918 

185 

1.9214 

1.9211 

1.9213 

.001 

1.922 

190 

1.  9262 

1.  9257 

1.9258 

.002 

1.928 

195 

1.9319 

1.9311 

1.9317 

.002 

1.934 

200 

1.9387 

1.  9379 

1.  9387 

.003 

1.941 

205 

1.  9459 

1.  9454 

1.  9467 

.004 

1.950 

210 

1.9542 

1.  9539 

1.  9557 

.006 

1.961 

215 

1.  9650 

1.  9657 

1.  9657 

.008 

1.973 

220 

1.  9735 

1.9744 

.009 

1.983 

225 

1.  9837 

1.9854 

.012 

1.997 

230 

1.  9943 

1.  9964 

.015 

2.010 

235 

2.  0055 

2.  0078 

.018 

2.  025 

240 

2.0168 

2.  0192 

.021 

2.  039 

245 

2.  0284 

2.  0308 

.025 

2.  055 

250 

2.  0414 

2.  0440 

.030 

2.  073 

255 

2.  0529 

2.  0551 

.035 

2.  089 

260 

2.  0661 

.  041 

2. 107 

265 

2.  0794 

.047 

2. 126 

270 
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In  table  1  values  of  specific  heat  at  5-degree  intervals  at  saturation 
are  given  for  the  different  samples  of  butadiene  in  the  solid  state. 
Table  2  gives  values  at  5-degree  intervals  of  (■ Gb—Ga)/(Mb—Ma )  for 


the  three  samples  in  the  liquid  state  together  with  values  of  v<Ft) 

The  values  of  Csat.  in  table  2  were  obtained  by  averaging  the  values  of 
( Gb—Ga)/(Mb — Ma)  at  each  temperature  and  adding  the  value  of 


3.  HEAT  OF  FUSION 


(a)  METHOD  OF  MEASUREMENT 

The  heat  of  fusion  of  butadiene  was  determined  by  measuring  the 
energy  required  to  heat  the  calorimeter  and  contents  from  a  tempera¬ 
ture  somewhat  below  the  triple  point  to  a  temperature  above  the  triple 
point.  The  initial  temperature  was  chosen  so  as  to  be  below  the  pre¬ 
melting  region.  The  heat  of  fusion  was  obtained  by  subtracting  from 
the  total  energy  (1)  the  energy  required  to  heat  the  calorimeter  plus 
its  solid  contents  from  the  initial  temperature  to  the  melting  tempera¬ 
ture,  and  (2)  the  energy  required  to  heat  the  calorimeter  plus  its  liquid 
contents  from  the  melting  temperature  to  the  final  temperature.  In 
computing  quantity  (1),  the  specific  heat  of  pure  butadiene  was  used 
in  obtaining  the  heat  capacity  of  the  calorimeter  and  contents  so  as 
to  avoid  errors  that  may  be  caused  by  the  premelting  of  impure 
samples.  In  this  way  the  heat  of  premelting  is  included  in  the  value 
obtained  for  the  heat  of  fusion.  The  heat  of  fusion  was  from  60  to 
90  percent  of  the  total  energy  added  in  the  measurements  on  the 
different  samples. 

(b)  RESULTS 

The  results  of  the  determinations  of  the  heats  of  fusion  are  as  fol¬ 
lows:  Sample  1,  147.53;  sample  3,  147.59;  sample  4,  147.65  int.  j  g-1. 
The  mean  of  these  values  is  147.59  int.  j  g-1.  It  may  be  noted  that 
there  is  little  difference  in  the  heats  of  fusion  of  the  samples,  although 
they  contain  different  amounts  of  impurity.  The  scattering  of  the 
results  is  no  more  than  would  be  expected  from  ordinary  errors  of 
observation.  Assigning  a  reasonable  probable  error,  the  heat  of  fusion 
of  butadiene  may  be  given  as  147.6  +  0.1  int.  j  g-1,  or  1908.4  +  1.3 
cal  mole-1. 

4.  HEAT  OF  VAPORIZATION 


(a)  METHOD  OF  MEASUREMENT 

The  measurement  of  the  heat  of  vaporization  consisted  of  determin¬ 
ing  the  amount  of  electric  energy  required  to  vaporize  a  measured 
quantity  of  butadiene.  This  was  accomplished  in  the  following  man¬ 
ner: 

Referring  to  figure  3,  the  reservoirs,  Fx  and  F2,  were  cooled  by  sur¬ 
rounding  them  with  solid  C02.  The  calorimeter  was  brought  to  the 
desired  temperature  and  the  shields  adjusted  to  adiabatic  conditions. 
Then  the  switch  was  closed,  sending  current  through  the  calorimeter 
heater.  The  valve  leading  to  F2  was  opened,  and  the  valve  leading 
to  the  calorimeter  was  used  as  a  throttle  and  adjusted  until  the  tem¬ 
perature  of  the  calorimeter  was  almost  constant.  A  final  adjustment 
of  the  current  through  the  calorimeter  was  necessary  to  obtain  a 
steady  temperature.  After  equilibrium  had  been  established,  the 
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valve  leading  to  F2  was  closed  and  the  valve  to  Fx  was  opened  without 
disturbing  the  adjustment  of  the  throttling  valve.  After  a  measured 
interval  of  time,  the  valve  to  Fx  was  closed  and  the  calorimeter  heater 
turned  off.  The  amount  of  butadiene  vapor  removed  from  the  calori¬ 
meter  during  the  measured  time  was  determined  by  weighing  Fx  before 
and  after  each  run.  The  temperature  of  the  calorimeter  was  kept  con¬ 
stant  during  a  run  by  making  small  adjustments  of  the  heating  cur¬ 
rent  at  measured  times,  so  that  the  total  energy  input  could  be  meas¬ 
ured  by  measuring  the  current  and  potential  drop  through  the  heater 
during  each  interval  of  time  between  these  adjustments.  The  ad¬ 
justments  of  heating  current  were  of  the  order  of  1  percent,  and  usu¬ 
ally  several  minutes  would  elapse  between  adjustments.  The  plat¬ 
inum  resistance  thermometer  was  assumed  to  be  at  the  temperature 
of  the  vaporizing  liquid.  This  may  not  be  strictly  true,  but  if  errors 
arise  from  this  source  they  should  be  dependent  on  the  power  input, 
and  no  such  dependence  was  observed.  As  the  time  of  withdrawal  of 
the  measured  sample  is  determined  by  manual  operation  of  the  valves, 
the  error  in  timing  may  be  as  large  as  one-half  second.  The  time  of 
withdrawal  ranged  from  15  to  40  minutes. 


(b)  RESULTS 

If  Q,  is  the  energy  input  during  the  withdrawal  of  M  grams  of 
vapor,  the  heat  of  vaporization  Lt  is 


where  v  is  the  specific  volume  of  the  liquid,  and  V  is  the  specific 
volume  of  the  vapor.  QJM  is  not  the  true  heat  of  vaporization  as  part 
of  the  material  vaporized  does  not  leave  the  calorimeter  but  fills  the 
space  vacated  by  the  vaporized  liquid. 

Table  3  gives  the  data  and  results  on  the  heats  of  vaporization. 
The  energy  input,  Q,,  and  the  mass  withdrawn,  M,  are  given  for  each 
individual  vaporization  at  a  given  temperature,  and  the  quantity 
QJM  is  computed.  In  order  to  obtain  the  mean  value  of  QJM  for 
each  temperature  the  sum  of  the  energy  input  was  divided  by  the 
total  amount  withdrawn.  This  is  shown  in  the  bottom  line  of  each 
group  of  measurements.  This  mean  value  is  equivalent  to  that  which 
would  have  been  obtained  by  weighting  the  individual  observations 
in  proportion  to  the  amount  of  butadiene  vaporized.  In  calculating 

the  latent  heat,  1— values  of  v  and  V  were  taken  from 


table  13.  The  average  deviations  of  the  observations  from  the  mean 
value  of  Q/M  are  given  in  the  next  to  last  column  of  table  3.  These 
range  from  0.04  to  0.06  percent,  and  the  maximum  deviation  of  a 
single  observation  is  0.20  percent. 
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Table  3. — Data  and  results  of  heat-of -vaporization  experiments 


T 

Q 

M 

0/M 

Power 

input 

i-v 

L,=  QIM 
(-£) 

Average 
deviation 
of  obser¬ 
vations 

L,  cal¬ 
culated 
from 
table  13 

°  K 

Int.j 

0 

Int.j  g~  i 

w 

Int.j  g 

Int.j  g-1 

Int. j  g~l 

2043.3 

4.6846 

436.  17 

1.  17 

1282.2 

2.  9307 

437.  50 

1.  19 

247.07 _ _ 

884.9 

2.  0267 

436.  62 

0.  74 

915. 1 

2.  0970 

436.  39 

0.  76 

1708.  4 

3.9128 

436.  62 

1.78 

2324.  6 

5.  3246 

436.58 

2.58 

Total _ 

9158.5 

20.  9764 

436.  61 

0.  99843 

435. 92 

0.  27 

435.  21 

f  1552. 2 

3.7147 

417.  85 

0.86 

3616.  3 

8.  6651 

417.  34 

2.08 

268.60 _ _ 

]  2405. 2 

5.  7582 

417.70 

0. 93 

1801.  8 

4.  3165 

417.  42 

2.00 

l  1878. 8 

4.  4975 

417.  74 

1.01 

Total . 

11254.3 

26. 9520 

417.  57 

0.  99610 

415.  99 

0. 19 

415.  47 

[  2594. 4 

6.  6222 

391.  77 

1.05 

2286. 0 

5.  8263 

392.  36 

2.54 

295.67 . . 

1  1128. 4 

2.  8801 

391.  79 

0.  99 

2324.  2 

5.  9312 

391.  86 

2. 15 

l  2709.6 

6.  9174 

391.  71 

2.66 

Total _ _ 

11042. 6 

28.  1772 

391. 90 

0.  99012 

388.  03 

0.  20 

388. 17 

The  formulated  values  of  L  (see  section  VI-2)  at  temperatures  of 
even  degree  centigrade  (table  13)  lead  through  interpolation  to  the 
values  given  in  the  last  column  of  table  3.  The  agreement  at 
295.67°  K  is  excellent,  the  calculated  value  being  slightly  higher  than 
the  observed.  The  calculated  values  at  268.60°  and  247.07°  K  are 
only  0.13  and  0.16  percent  lower  than  the  respective  observed  values. 

5.  ACCURACY  OF  CALORIMETRIC  MEASUREMENTS 

Some  tests  were  made  with  the  calorimeter  to  determine  the  accu¬ 
racy  with  which  measurements  could  be  made.  Water  was  chosen 
as  the  test  material  as  very  reliable  data  [12]  are  available.  The 
specific  heat  of  water  was  measured  in  the  calorimeter  between  1° 
and  22°  C.  Three  heats  were  made  in  this  range  of  temperatures, 
and  the  maximum  difference  between  the  values  obtained  and  those 
given  by  Osborne,  Stimson,  and  Ginnings  was  0.03  percent.  Three 
determinations  of  the  heat  of  vaporization  of  water  at  20°  C  yielded 
a  maximum  difference  of  0.17  percent,  although  the  mean  of  the 
three  measurements  agreed  with  Osborne’s  values  to  0.03  percent. 
The  measurements  on  the  specific  heat  of  water  are  probably  some¬ 
what  more  reliable  than  those  obtained  on  substances  having  lower 
specific  heats,  as  the  heat  capacity  of  the  water  sample  is  a  larger 
fraction  of  the  total  heat  capacity  of  the  calorimeter  plus  contents 
than  it  is  for  other  substances.  The  measurements  of  the  heat  of 
vaporization  of  water,  however,  are  probably  comparable  with  the 
measurements  on  butadiene.  The  heating  rates  and  total  energy 
input  during  heats  were  about  the  same  for  the  two  substances. 

Taking  into  consideration  these  tests,  and  the  scattering  of  the 
observations  previously  mentioned,  the  estimates  of  the  probable 
errors  of  the  calorimetric  measurements  described  in  this  paper  are 
as  follows:  Specific  heat,  0.1  percent  between  40°  and  300°  K,  be¬ 
coming  possibly  as  large  as  1  percent  below  20°  K;  heat  of  fusion, 
0.07  percent;  heat  of  vaporization,  0.15  percent. 
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IV.  PRESSURE-VOLUME-TEMPERATURE  MEASUREMENTS 

1.  VAPOR  PRESSURE 

The  vapor-pressure  measurements  comprised  two  groups  of  obser¬ 
vations  made  with  two  independent  sets  of  apparatus.  The  first 
group  of  observations  covered  a  temperature  range  from  195°  to 
288°  K  or  a  corresponding  pressure  range  up  to  about  2  atm.  The 
second  group  covered  the  temperature  range  0°  C  to  the  critical  tem¬ 
perature.  Above  110°  C,  however,  the  accuracy  was  reduced  con¬ 
siderably  by  rapid  polymerization  of  the  sample.  The  method  used 
in  both  series  of  measurements  was  that  in  which  static  equilibrium 
was  approached  between  the  liquid  and  the  vapor  portions  of  the 
sample.  At  the  higher  temperatures  the  approach  was  always  by 
condensation  of  some  of  the  sample  rather  than  by  evaporation,  as 
the  former  procedure  had  been  found  to  be  more  rapid  with  other 
substances. 

(a)  MEASUREMENTS  FROM  195°  TO  288°  K 

The  apparatus  used  for  these  observations  consisted  of  a  mercury 
manometer  of  10-mm  bore,  which  was  read  by  means  of  a  mirror- 
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Figure  8. — Comparison  of  vapor  pressures  observed  in  the  first  group  of  measurements 

with  calculated  values. 


backed  glass  scale  graduated  in  millimeters  and  supported  against  the 
manometer  tubes.  One  arm  of  the  manometer  was  connected  to  the 
filler  tube  of  the  calorimeter,  in  which  there  was  a  quantity  of  buta¬ 
diene  from  sample  4.  When  making  measurements  of  vapor  pressures 
below  1  atm  the  other  arm  of  the  manometer  was  evacuated.  For 
measurements  above  1  atm  this  arm  was  open. to  the  atmosphere. 
In  the  latter  case,  one  measurement  of  the  atmospheric  pressure  was 
made  with  a  precision  barometer  for  each  set  of  three  readings  of  the 
manometer  at  a  given  temperature. 

Figure  8  shows  the  deviations  of  the  observations  from  the  values 
calculated  from  equation  4.  It  was  thought  that  the  pressure  measure¬ 
ments  were  reproducible  to  about  ±0.2  mm  Hg.  The  deviations 
below  270°  K  confirm  this.  However,  above  this  temperature  there 
is  considerably  greater  scattering,  which  has  been  attributed  to  the 
presence  of  some  impurity,  causing  the  vapor  pressure  to  depend  on 
the  amount  condensed,  as  described  in  the  section  on  purity. 
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(b)  MEASUREMENTS  FROM  0°  TO  152°  C 

The  apparatus  used  in  these  measurements  was  entirely  independent 
of  that  used  in  the  group  (a)  measurements  made  in  connection  with 
the  calorimetric  experiments. 

It  is  shown  diagrammatically  in  figure  9.  The  vapor  pressure  of 
the  butadiene  in  the  closed  end  of  one  manometer  is  transmitted 
through  the  mercury  and  oil  to  either  an  open-ended  auxiliary  mer¬ 
cury  manometer  for  the  low-pressure  measurements  or  to  a  dead¬ 
weight  piston  gage  for  the  high-pressure  measurements  [14]. 

As  static  vapor-pressure  measurements  are  susceptible  to  errors 
due  to  more  volatile  impurities,  provision  was  made  to  vary  the  buta¬ 
diene  vapor  space  so  that  the  vapor-pressure  measurements  could 
be  extrapolated  to  large  vapor  volumes.  The  vapor  space  was  varied 
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Figure  9. — Connecting  lines  for  vapor  pressure  measurements. 


by  changing  the  amount  of  oil  between  the  mercury  manometers  by 
means  of  the  piston-gage  oil  pump. 

Two  types  of  manometers  containing  the  butadiene  were  used  and 
are  shown  in  figure  10.  Each  consisted  of  a  U-shaped  glass  tube  with 
a  metal  valve  soldered  [13]  to  one  arm.  In  the  manometer  shown  in 
figure  10,  A,  the  butadiene  was  distilled  into  a  space  above  the  mer¬ 
cury  meniscus  and  sealed  at  C.  In  figure  10,  B,  the  butadiene  was 
distilled  through  a  small  third  arm  and  sealed  at  D.  By  closing  the 
main  portion  of  the  manometer  with  a  mercury  seal  before  sealing 
the  glass,  any  gases  freed  during  the  sealing  off  and  not  removed  by 
the  vacuum  pump  were  trapped  at  D.  In  the  sealing  of  both  types 
of  manometers  the  butadiene  was  cooled  with  liquid  air.  The 
manometer  shown  in  figure  10,  B,  was  made  with  calibrated  volumes 
as  shown,  and  could  also  be  used  later  in  the  measurement  of  vapor 
density. 

The  small  size  of  the  samples  used  in  this  group  of  observations 
necessitated  great  care  in  regard  to  the  cleanliness  of  the  apparatus. 
The  glass  manometers  were  washed  with  nitric  acid,  soaked  several 
hours  with  freshly  prepared  chromic  acid,  and  rinsed  several  times  with 
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distilled  water.  The  last  rinse  water,  which  remained  in  the  man¬ 
ometers  several  hours,  had  substantially  the  same  electric  conductivity 
as  the  distilled  water  used.  The  manometers  were  outgassed  by 
heating  with  a  torch  during  evacuation,  and  the  mercury  was  intro¬ 
duced  by  distillation.  A  small  quantity  of  butadiene  was  admitted 
and  then  pumped  out  before  condensing  a  sample  into  a  manometer. 

For  the  measurement  at  0°  C,  the  butadiene  was  completely  im- 


A  B 

Figure  10. — Manometers  used  in  measurements  of  vapor  pressure  and  of  density 

of  vapor. 

mersed  in  an  ice  bath.  At  higher  temperatures,  a  stirred  thermoregu- 
lated  oil  bath  was  used.  Temperatures  were  measured  with  a  four- 
lead,  potential-terminal,  platinum  resistance  thermometer  of  the 
coiled-filament  type,  calibrated  according  to  specifications  of  the 
International  Temperature  Scale  [15].  The  elevations  of  the  mercury 
surfaces  were  referred  to  steel  scales  graduated  in  millimeters  and 
suspended  between  the  arms  of  the  manometers. 

Seven  samples  were  at  various  times  distilled  into  manometers  for 
these  vapor-pressure  measurements.  The  first  five  were  subsamples 
taken  from  sample  3,  already  described  in  the  section  on  preparation  of 
samples,  and  were  numbered  3a,  3b,  3c,  3d,  and  3e,  respectively.  The 
other  two  (4a  and  4b)  were  taken  from  sample  4. 
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The  results  of  the  measurements  on  samples  3b,  3e,  and  4b  are 
presented  in  figures  11,  12,  and  13,  respectively,  in  which  the  abscissas 
represent  the  volume  occupied  per  gram  of  sample,  whereas  the 
ordinates  represent  pressures  in  centimeters  of  mercury  corrected  to 
0°  C  and  to  standard  gravity.  In  order  to  represent  several  isotherms 
with  the  same  coordinates,  a  constant  of  appropriate  amount  for  each 
isotherm  is  subtracted  from  the  pressures.  Observed  values  are 
represented  in  the  three  figures  by  various  symbols,  the  same  symbol 
being  used  uniformly  for  any  one  isotherm,  calculated  values  are 
represented  by  black  squares,  the  vapor  pressure  being  calculated  from 
vapor-pressure  equation  4,  and  the  corresponding  volume  being 
calculated  from  the  equation  of  state  6.  At  0°  C  the  specific  volume 
of  the  vapor  (336  ml/g)  is  considerably  off  the  scale. 


Figure  11. — Vapor-pressure  data  for  sample  8b. 

H= Values  of  pressure  calculated  from  vapor  pressure  equation  11  and  values  of  specific  volume  of  saturated 
vapor  calculated  from  equation  of  state  13.  Specific  volume  at  0°  C=335  ml/g.  Dotted  line  and  arrow 
indicate  temperature  to  which  ■  symbol  belongs.  Other  symbols  represent  observed  values. 

The  data  at  0°  C  consist  of  numerous  observations  made  initially  on 
each  sample,  followed  by  observations  at  higher  temperatures,  with 
occasional  repeated  observations  at  0°  C.  Such  repeated  observations 
after  62°  C  for  samples  3e  and  4b  and  after  112°  C  for  sample  3e  are 
represented  in  figures  12  and  13  by  the  same  symbols  as  earlier 
measurements  at  0°  C.  As  their  positions  in  the  figures  do  not 
distinguish  them  from  earlier  measurements,  it  is  believed  that  poly¬ 
merization  was  thus  far  negligible.  The  agreement  between  the  vapor 
pressures  of  the  purer  samples  also  indicates  that  at  temperatures  up 
to  and  including  112°  C  polymerization  caused  no  appreciable  effect. 

Of  the  first  four  samples,  which  were  not  as  pure  as  the  others,  only 
the  data  on  sample  3b  are  presented.  Besides  comprising  most  of  the 
data  above  100°  C,  they  are  of  special  interest,  as  this  sample  was  the 
only  one  in  a  manometer  of  sufficient  capacity  to  permit  the  complete 
evaporation  of  the  sample  at  room  temperature,  thus  furnishing  a 
better  illustration  of  the  variation  of  pressure  with  volume.  The 
observed  values  for  the  vapor  pressure  of  this  sample  (fig.  11)  are 
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noticeably  higher  than  the  calculated.  These  differences  are  attrib¬ 
uted  to  volatile  impurities.  On  the  other  hand,  the  observed  vapor 
pressure,  31,945  mm,  at  152°  C  (not  shown  in  fig.  11)  is  low  by  484  mm, 
at  least  partially  due  to  the  extremely  rapid  rate  of  polymerization  at 
this  temperature. 

Two  observed  values  of  vapor  pressure  at  62.05°  C  for  sample  3e 
(see  fig.  12)  are  notable  for  being  considerably  below  the  calculated 
pressure,  even  though  the  volume  of  sample  was  in  one  case  slightly 
less  than  that  calculated  for  saturated  vapor.  This  is  probably  due  to 
an  impurity  less  volatile  than  butadiene,  which  appears  to  be  absent 
in  sample  4b  (see  fig.  13). 

In  addition  to  these  data  the  vapor  pressure  of  sample  4a  was 
measured  at  0°,  99.88°  C,  and  at  the  critical  temperature  (discussed 


Figure  12.— Vapor-pressure  data  for  sample  8e. 

H= Values  of  pressure  calculated  from  vapor-pressure  equation  11  and  values  of  specific  volume  of  saturated 
vapor  calculated  from  equation  of  state  13.  Specific  volume  at  0°=335ml/g.  Other  symbols  represent 
observed  values. 

later).  The  observed  values  corresponding  to  the  first  two  temper¬ 
atures,  902.0  mm  and  12,973  mm,  are  in  very  good  agreement  with  the 
respective  values  calculated  from  the  vapor-pressure  equation, 
namely  899.7  and  12,971  mm,  especially  when  one  considers  that 
observations  with  this  sample  at  0°  C  were  possible  only  with  a  small 
portion  evaporated  on  account  of  the  relatively  large  mass  of  sample. 

The  results  of  these  measurements  show  that  the  observed  vapor 
pressures  depended  somewhat  on  the  relative  amounts  of  the  sample 
that  were  in  the  liquid  and  vapor  phases.  This  indicates  the  presence 
of  an  impurity.  The  data  show  that  the  first  four  samples,  3a,  3b, 
3c,  and  3d,  contained  approximately  equal  percentages  of  impurity, 
that  sample  3e  contained  somewhat  less  impurity  (probably  due  to 
the  improved  method  of  sealing  the  sample),  and  that  samples  4a 
and  4b  contained  still  less  impurity  (in  consequence  of  a  purer  sup- 
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ply).  The  accuracy  of  reading  at  0°  C  would  lead  one  to  expect  re¬ 
sults  reproducible  to  within  0.5  mm,  but  the  variation  obtained  was 
about  three  or  four  times  that  amount,  as  may  be  seen  in  figure  14, 
in  which  the  observed  pressures  for  samples  3e  and  4b  are  represented 
at  0°  C  with  a  more  open  scale  than  in  figures  12  and  13.  It  would 
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Figure  13. — Vapor  pressure  data  for  sample  4b. 
Symbols  are  same  as  in  figure  12. 
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Figure  14. — Vapor  pressure  of  samples  3e  and  4b  at  0°  C. 

appear  that  the  excessive  variation  was  due  to  a  rather  large  lag  in 
approaching  equilibrium.  The  time  required  to  remove  the  heat 
of  condensation  may  have  been  supplemented  by  the  time  required 
for  diffusion  of  an  impurity  between  the  butadiene  liquid  surface  and 
the  remainder  of  the  liquid,  especially  in  the  earlier  and  less  puie 
samples. 
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(c)  VAPOR-PRESSURE  EQUATION 

The  vapor  pressure  of  1,3-butadiene  is  represented  over  the  tem¬ 
perature  range  from  the  triple  point  to  the  critical  temperature  by 
the  empirical  equation  2 

log  p=A-±[B+CX(lQDx2-l)]-E(T-243.16y,  (4) 

where 

H=7.2363  for  p  in  mm  Hg 
B=  1165.21 
(7=1. 5875  X10~4 
Z>=0.766X  10-10 
JV=  125,000—  T2 

E=  2X10-14  (not  to  be  used  above  —30°  C) 

T=t+ 273. 16  =  temperature  in  degrees  Kelvin. 

The  last  term,  which  is  not  used  above  —30°  C,  was  added  in 
order  to  produce  a  set  of  tables  consistent  with  specific-heat  data  in 
the  low- temperature  region.  This  addition  makes  no  change  in  the 
values  of  vapor  pressure  as  great  as  0.01  mm. 

The  equation  represents  the  vapor-pressure  measurements  in  the 
range  from  the  triple  point  (—108.92°  C)  to  room  temperature,  as 
illustrated  in  figure  8  and  in  the  range  0°  C  to  the  critical  tempera¬ 
ture,  as  shown  in  figures  11,  12,  and  13.  The  representation  is 
within  the  precision  of  the  experimental  data. 

Differentiation  of  the  vapor-pressure  equation  gives 

^P=i[B+CX(  iom2-1)]+ 

2(7[10d:c2(4.6052DX2+1)-1]-6£;(T-243.16)5.  (5) 

(d)  COMPARISON  WITH  DATA  OF  OTHER  OBSERVERS 

The  values  for  vapor  pressure  calculated  from  equation  4  are  com¬ 
pared  in  table  4  with  those  obtained  by  previous  observers.  Some 
preliminary  measurements  made  by  R.  S.  Jessup  of  this  Bureau  are 
included  in  this  table.  These  measurements  were  made  with  a 
Bourdon  gage  and  samples  of  butadiene  that  were  not  as  pure  as 
those  used  to  obtain  the  data  presented  in  figures  8,  11,  12,  and  13. 
The  results  of  Vaughan  [16]  differ  considerably  from  the  present  re¬ 
sults  both  in  pressure  and  in  the  rate  of  change  of  pressure  with 
temperature.  Heisig’s  [17]  results  are  in  much  better  agreement, 
although  they  are  consistently  higher  than  those  obtained  in  this  in¬ 
vestigation.  There  appears  to  be  a  slight  difference  between  Heisig’s 
observations  obtained  with  the  platinum  resistance  thermometer 
below  the  freezing  temperature  of  mercury  and  the  observations  with 
a  mercury  thermometer  at  higher  temperatures.  The  data  obtained 

2  A  vapor-pressure  equation  of  the  form 

Log  p=A-\,[B+CX{  10D*J— 1)] 

was  first  Used  to  represent  the  observed  vapor  pressures  of  CO2  within  about  3  parts  in  10,000.  See  BS  J. 
Research  10,  381  (1933)  RP538.  It  has  also  been  used  to  represent  the  vapor  pressures  for  several  other 
substances.  The  value  of  X  is  usually  approximately  0.7  T\—  T2,  except  for  those  substances  having  a 

low  critical  temperature,  In  which  case  the  coefficient  of  T\  is  smaller.  The  value  of  C  for  substances 
previously  tried  has  been  between  l.lX10*4and  1.22X10*1  The  exceptionally  high  value  obtained  for  C 
for  butadiene  may  be  a  consequence  of  the  lack  of  accurate  vapor-pressure  data  above  112°  O. 
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by  Moore  and  Kanep  [18]  deviate  in  an  irregular  manner,  which  sug¬ 
gests  lack  of  equilibrium  when  their  observations  were  made.  The 
normal  boiling  temperature  observed  by  Lamb  and  Roper  [19]  is  only 
slightly  lower  than  that  calculated  from  equation  4  and  agrees  with 
that  obtained  for  some  of  the  less  pure  samples  of  the  present  inves¬ 
tigation. 


Table  4. — Comparison  of  data  of  other  observers  with  vapor  pressures  calculated 

from  equation  4 


Tem¬ 

pera¬ 

ture 

Pots. 

Pots.—Pcalc. 

Tempera¬ 

ture 

P  obc. 

Pob'.—Peolo 

Tempera¬ 

ture 

Pot.. 

Pobt.  P  calc. 

R.  S.  Jessup. 

Sample  1 

G.  B.  Heisig 

Wm.  E.  Vaughan 

°  C 

mm 

mm 

°  C 

mm 

mm 

°  C 

mm 

mm 

0 

917 

17 

-75.5 

14.6 

0.2 

-81.9 

9.2 

0.8 

25 

2,  142 

37 

-63.4 

35.4 

.  1 

-79. 1 

11.0 

.3 

50 

4,  340 

76 

-51.  6 

77.  1 

1.0 

-38.5 

156.9 

-3.8 

65 

6,250 

77 

-39.4 

153.4 

0.2 

-24.0 

327.5 

-3.2 

-38.6 

161.7 

1.8 

-17.0 

442.7 

-10.0 

-32.7 

219.0 

1.9 

-3.  1 

772.4 

-27.2 

-26. 1 

301.4 

1.8 

+0.5 

862.6 

-54.  1 

-19.9 

400.5 

1.6 

— 15.  5 

484.  2 

1.2 

R.  S.  Jessup. 

Sample  2 

-10.4 

599.9 

1.6 

G.  Moore  and  E.  K.  Kanep 

-5.6 

729.7 

4.2 

-1.5 

854.0 

3.8 

0 

904 

4 

-4.5 

763 

6 

25 

2, 124 

19 

3.0 

957 

-49 

50 

4,290 

26 

A.  B.  Lamb  and  E.  E.  Roper 

10 

1,  266 

-24 

65 

6,210 

37 

16 

1,  627 

47 

22 

1,  926 

9 

-4.  51 

760 

2.9 

2.  DENSITY  OF  SUPERHEATED  VAPOR 
(a)  METHOD  AND  APPARATUS 

The  density  of  the  superheated  vapor  was  measured  for  three 
samples  of  butadiene  3d,  3e,  and  4b,  the  first  of  these  being  in  the 
manometer  illustrated  in  figure  10  A,  and  the  other  two  in  the  manom¬ 
eter  illustrated  in  figure  10  B.  The  volumes  of  these  manometers 
were  determined  by  weighing  the  mercury  which  filled  the  right-hand 
arms  to  various  depths  when  in  an  inverted  position. 

A  measured  length  of  capillary  in  figure  10  A,  and  the  space  between 
marks  1  and  2  in  figure  10  B,  were  used  to  measure  the  sample  when 
nearly  all  condensed.  A  small  vapor  space  was  retained  above  the 
liquid  to  prevent  sticking  of  the  liquid  in  the  top  of  the  manometer. 
It  had  been  previously  observed  that,  after  the  sample  was  entirely 
condensed,  the  liquid  broke  away  from  the  top  of  the  manometer 
only  after  the  pressure  had  been  reduced  considerably  below  the  vapor 
pressure,  and  the  violence  of  the  separation  was  sufficient  to  scatter 
mercury  droplets  into  undesirable  places.  In  addition  to  this  method 
of  measuring  the  volume  of  the  liquid  and  estimating  the  mass  of 
sample  from  the  known  density,  volume  (about  120  ml),  pressure,  and 
temperature  of  the  vapor  were  observed  before  the  sample  was  con¬ 
densed  into  the  manometer.  A  correction  was  applied  for  the  devia¬ 
tion  from  the  ideal-gas  law.  This  correction  amounted  to  1.5  parts  in 
1,000  for  sample  3d,  and  2.4  parts  in  1,000  for  samples  3e  and  4b,  which 
were  filled  with  a  charge  at  higher  pressures  than  was  sample  3d. 
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The  measurements  of  vapor  density  may  be  divided  into  two  classes. 
In  the  first  class  are  a  few  measurements  in  which  the  vapor  occupied 
the  space  down  to  either  mark  3  or  4  (see  fig.  10  and  accompanying 
discussion  in  the  text).  In  the  second  class  are  a  larger  number  of 
measurements  in  which  the  vapor  extends  to  unmarked  parts  of  the 
manometers.  This  latter  class  of  measurements  is  less  accurate  than 
the  first.  For  sample  3d  the  position  of  only  the  dome  of  the  menis¬ 
cus  was  observed,  whereas  for  samples  3e  and  4b,  both  the  dome  and 
the  edge  of  the  meniscus  were  located  with  consequent  improvement 
in  accuracy. 

(b)  RESULTS  OF  MEASUREMENTS  AND  THEIR  FORMULATION 

The  results  of  the  measurements  on  samples  3d,  3e,  and  4b  are 
presented  in  tables  5,  6,  and  7,  respectively,  together  with  a  comparison 
of  the  observed  values  of  pV/RT  with  those  calculated  from  the 
empirical  equation  of  state  3 

VY—a  cc  a\-\  i  n-.045(rc/:r)2 1—  1-48  c/ +3.5 
BT  1~U8-*L  y - J- - +  - -  (6) 

where  v  is  in  milliliters  per  gram,  and  the  other  variables  are  in  con¬ 
sistent  units.  When  p  is  in  millimeters  of  mercury,  and  Tis  in  degrees 
Kelvin  (r=273.16-f0C),  the  value  of  R  is  1152.95  mm  Hg  (ml)/g 
mole0  C.  Only  a  few  of  the  differences  in  tables  5,  6,  and  7  exceed  an 
amount  appropriate  to  the  accuracy  of  reading  the  position  of  the 
mercury-butadiene  interface  (see  fig.  10,  A  and  B ).  The  consistent 
difference  between  data  for  samples  3d  and  3e  does  not  exceed  the 
uncertainty  in  determining  the  mass  of  sample. 


Table  5. — Measurements  of  vapor  density  for  sample  3d 


Mass  of  sample  by  measurement  of  vapor. . . . . . . . .  0.01591 

Mass  of  sample  by  measurement  of  liquid - - -  .01591 


Weighted  mean  value. 


0.01591  gram 


Date 

Class  of 
observation 

Temper¬ 

ature 

Pressure 

Specific 

volume 

pv/RT  ob¬ 
served 

pv/R  T  cal¬ 
culated 

,.,Col.  6— col.  7 

104 - r~=; — 

col.  7 

1943 

0  C 

mm  Hg 

ml/g 

2 

30.78 

2206. 0 

147.  39 

0. 9279 

0.  9260 

21 

2 

30. 80 

2271.9 

142.  86 

.9261 

.9237 

26 

2 

30.81 

2337.  8 

138. 34 

.9228 

.  9213 

16 

2 

30. 80 

2470.  8 

130. 04 

.9169 

.9165 

4 

Mar.  2.. - 

2 

36.41 

2674.  8 

122.31 

.9166 

.9145 

23 

2 

36.41 

2742.  7 

119.  11 

.9153 

.9121 

35 

2 

36.41 

2844.6 

114.  20 

.9101 

.9086 

17 

2 

36.41 

2945.  2 

109.  43 

.9030 

.9050 

-22 

2 

49.90 

2680.  2 

129.  04 

.9286 

.9256 

33 

2 

49.  90 

3365.  6 

100.  64 

.9094 

.9049 

50 

2 

49.  90 

4062.  5 

81.  14 

.8850 

.8831 

22 

2 

100.  04 

5,  509 

71.28 

.9127 

.9041 

95 

2 

99.  99 

9,  110 

39.09 

.8277 

.8268 

10 

2 

99.  95 

12,739 

24.  89 

.7372 

.7352 

27 

Average  deviation 


29 


3  Equation  6  expresses  p  at  a  given  T  as  a  cubic  equation  in  V,  necessitating  the  use  of  successive  approxi¬ 
mations  for  calculating  the  specific  volume  of  the  saturated  vapor.  For  the  first  approximation  it  was  con¬ 
venient  to  obtain  values  of  v  [27]  from  the  simpler  equation 

/  pV\  _  (p/2.718  pc)°-m 

(~Rr):  0 

where  the  subscripts  g  and  l  refer  to  gas  and  liquid,  respectively,  and  pc  is  the  critical  pressure. 
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Table  6. — Measurement  of  vapor  density  for  sample  Se 

Mass  of  sample  by  measurement  of  vapor _ _  _ _ _ 0.02749 

Mass  of  sample  by  measurement  of  liquid . ___ . . . . . . . 02741 


Weighted  mean  value - - - - - - - - -  0.02746  gram. 


Date 

Class  of 

Temper- 

Pressure 

Specific 

pv/RT  ob- 

pv/RT  cal- 

col.  6— col.  7 

observation 

ature 

volume 

served 

culated 

1  col.  7 

1943 

0  C 

mm  Hg 

ml/g 

2 

59.  64 

4283. 7 

79.  24 

0.  8847 

0. 8881 

-39 

2 

59.  65 

4561.  6 

73.  78 

.8771 

.8800 

-33 

2 

59.66 

5117.6 

64.  79 

.8641 

.8635 

+7 

April  1  _ 

2 

2 

62.03 

4287.  1 

80.  12 

.8888 

.8908 

-22 

62. 03 

4562.  7 

74.58 

.8806 

.8830 

-27 

2 

62.  03 

4840.  9 

69.  77 

.8740 

.8750 

-12 

2 

62.03 

5120.  1 

65.44 

.8070 

.8669 

+  1 

I 

62.  03 

5544.9 

59.47 

.8533 

.8541 

-9 

[  2 

111.71 

5588. 3 

72.25 

.9099 

.9100 

-8 

i 

111.71 

6665.  5 

59.  43 

.  8928 

.8917 

+  12 

April  3 _ 

i  2 

111.70 

9143.2 

40.  93 

.8434 

.8455 

-25 

2 

111.  71 

12,  755 

26.91 

.  7735 

.  7693 

+55 

1  i 

111.  71 

15,  649 

19.  70 

.6948 

.6937 

+10 

Average  deviation  class  1  . .  _  .  _ 

10 

Average  deviation  class  2  _  _  _____ 

23 

Table  7. —  Measurement  of  vapor  density  for  sample  J/ b 


Mass  of  sample  by  measurement  of  vapor _ _ . _ _ _ _  0.02757 

Mass  of  sample  by  measurement  of  liquid . . . . . . . . . .  .02746 

Weighted  mean  value _ _ _  0.02750  gram 


Date 

Class  of 
observation 

Temper¬ 

ature 

Pressure 

Specific 

volume 

pv/RT  ob¬ 
served 

pv/RT  cal¬ 
culated 

,.,col.  6— col.  7 

104 - — — — 

col.  7 

1943 

1  2 

°  C 

50. 08 

mm  Hg 
4,060 

ml/g 

80. 87 

0.8811 

0. 8831 

-23 

May  5_  ___  ... 

J  2 

50.08 

4,  264 

76. 15 

.8713 

.8765 

-60 

1  2 

62. 10 

4,  288 

80. 43 

.8922 

.8910 

+  13 

l  1 

62. 10 

5,  557 

59.37 

.8536 

.8540 

+5 

2 

75.  09 

4,  350 

83.  23 

.9017 

.9029 

-13 

1 

75. 08 

5, 854 

59.37 

.8657 

.8647 

+  12 

2 

75.  08 

6, 983 

48.  43 

.8423 

.8341 

+98 

2 

99.44 

4,  717 

83.  27 

.9144 

.9163 

-21 

1 

99.44 

6,406 

59.  37 

.8854 

.8833 

+24 

2 

99.  44 

9,  111 

39.  27 

.8329 

.8257 

-34 

2 

99. 44 

12,  724 

25.  09 

.7432 

.7344 

+120 

2 

149.  00 

5,  589 

81.16 

.9315 

.9359 

-47 

1 

149.  00 

7,479 

59.38 

.9125 

.9128 

-3 

May  7 _ 

2 

149.  00 

12,  745 

32.  40 

.8484 

.8437 

+  56 

1 

149. 00 

18,  621 

19.  67 

.7526 

.7539 

-17 

2 

148.  98 

22, 189 

15.  09 

.6880 

.6887 

-10 

2 

148.  98 

23,  637 

13.78 

.6693 

.6587 

+  160 

2 

148. 98 

25,  092 

11.96 

.6166 

.6247 

-133 

2 

148.  98 

25,  820 

11.38 

.6037 

.6068 

-52 

2 

148. 98 

26,  548 

10.  80 

.5891 

.5872 

+33 

2 

148.  98 

27,  278 

10. 15 

.5689 

.5657 

+39 

2 

148  98 

28,  008 

9.  53 

.5484 

.  5416 

+  125 

2 

148.  98 

28,  736 

8.69 

.5131 

.  5124 

+14 

2 

148. 98 

29,  464 

7.78 

.4710 

.4783 

-155 

Average  deviation  class  1. 
Average  deviation  class  2. 
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3.  DENSITY  OF  SATURATED  LIQUID 
(a)  METHOD  AND  APPARATUS 

The  density  of  liquid  butadiene  was  measured  in  the  pyrex  glass 
picnometer  illustrated  in  figure  15.  The  picnometer  was  calibrated 
by  weighing  the  amounts  of  mercury  or  water  that  filled  the  various 
parts  of  the  picnometer.  The  results  of  these  calibrations  are  given 


in  table  8.  The  worst  discrepancy  between  the  two  calibrations  is 
at  mark  40,  which  amounts  to  about  1  part  in  7,000.  The  mean 
value,  which  is  less  than  1  part  in  10,000  from  either  calibration,  was 
used  in  calculating  the  results.  The  cross  section  of  the  capillary 
used  in  the  picnometer  was  measured  as  an  aid  in  correcting  for 
readings  not  directly  at  a  mark.  The  cross  section  of  the  capillary 
portions  between  the  valve  and  the  large  bulb  is  1.00  mm2,  that  for 
the  capillary  below  the  large  bulb  is  1.38  mm2.  Both  capillaries 
were  calibrated  by  weighing  mercury  threads  of  measured  length. 
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Table  8. — Data  from  calibration  of  picnometer 


Space  Included 

Capacity  at  0°C 

Water 
calibration 
(Sept.  15-16, 
1943) 

Mercury 
calibration 
(Oct.  1-12, 
1943) 

Mean 

Total 

volume 

Valve  to  mark  50.  __ . .  ... 

ml 

0. 0731 

1.  8348 
1. 3442 
.8922 
.5667 
10. 8448 
.  1400 

ml 

ml 

0. 0731 

1. 8356 
1. 3433 
.8922 
.5666 
10.  8447 
.1400 

ml 

15.  6955 
15.  6224 
13.  7868 
12.4435 
11.  5513 
10.  9847 
.  1400 

Mark  50  to  mark  40 _  _ _ _ 

Mark  40  to  mark  30 . . . . . 

Mark  30  to  mark  20 _ _ _ _ _ 

Mark  20  to  mark  10 _ _ _ 

Mark  10  to  mark  0 _ _ _ 

Mark  0  to  bottom _ _ _  . 

1.8365 

1.  3423 
.8921 
.5665 
10. 8446 

The  coefficient  of  volumetric  expansion  of  the  picnometer  was 
assumed  to  be  1.00X10-6  per  degree  centigrade.  The  stretch  of  the 
picnometer  with  pressure,  calculated  from  the  dimensions  of  the 
large  picnometer  bulb  (18-mm  outside  diameter  and  1.8-mm  wall 
thickness)  and  the  elastic  propel  ties  of  Pyrex,  was  1.61X  10~6/atm. 

The  measurement  of  the  density  of  liquid  butadiene  was  subject 
to  error  from  polymerization,  especially  at  the  higher  temperatures. 
On  this  account,  the  densities  at  low  temperatures  were  observed 
first  and  a  correction  applied  to  the  measurements  at  higher  temper- 
tures.  This  correction  was  determined  by  repeating  the  measure¬ 
ment  at  0°  C  and  noting  the  change  in  volume  at  0°  C  resulting  from 
polymerization  at  the  higher  temperature.  Two  subsamples,  4c 
and  4d,  were  taken  from  the  larger  sample  4  for  the  measurements  of 
liquid  density.  Except  at  —78.72°  C  and  at  0°  C,  the  temperature 
was  measured  with  the  same  platinum  resistance  thermometer  used 
for  measuring  temperatures  during  the  vapor-pressure  investigation 
(IV-1  b). 

Several  different  baths  were  used  for  measuring  the  density  of  these 
samples  at  various  temperatures.  At  —78.72°  C  the  picnometer  was 
packed  in  finely  divided  dry  ice  up  to  the  level  of  the  meniscus. 
Precautions  were  taken  to  purge  air  from  the  space  above  the  solid, 
and  to  pack  the  dry  ice  thoroughly  enough  to  avoid  radiation  from 
the  surroundings  between  the  particles  of  solid  COa.  At  95.67°  C 
the  picnometer  was  totally  immersed  in  a  steam  bath  operated  at  a 
pressure  below  atmospheric.  The  data  indicated  that  the  tempera¬ 
ture  of  this  bath  changed  too  rapidly  with  time,  and  in  consequence 
of  prolonged  efforts  to  attain  equilibrium,  the  correction  for  poly¬ 
merization  was  unduly  large,  so  that  the  corrected  result  is  not  as 
reliable  as  at  the  other  temperatures.  At  0°  C  an  ice  bath  of  shaved 
ice  packed  with  enough  water  to  fill  the  crevices  but  not  to  float  the 
ice  was  used.  In  order  to  maintain  the  butadiene  meniscus  also  at 
0°  C  during  the  observations,  a  glass  sight  tube  was  placed  between  the 
picnometer  and  the  bath  container  and  ice  was  piled  over  the  tube. 
At  the  remaining  temperatures  thermally  controlled  stirred  liquid 
baths  were  used. 

(b)  RESULTS  OF  MEASUREMENTS  AND  THEIR  FORMULATION 

The  data  obtained  are  presented  in  tables  9  and  10.  In  these 
tables  the  “volumes  occupied”  include  corrections  to  the  volume  of 
the  picnometer  at  0°  C  and  1  atm.  It  is  to  be  noted  that  the  density 


443/69 


Journal  of  Research  of  the  National  Bureau  of  Standards 


of  the  vapor  given  in  these  tables  is  not  necessarily  that  of  the  satu¬ 
rated  vapor  but  that  of  the  vapor  existing  in  the  picnometer.  The 
“apparent  liquid  density”  is  the  quotient  obtained  by  dividing  the 
mass  of  liquid  by  the  volume  occupied.  The  corrected  density  was 
obtained  by  adding  to  the  apparent  density  (columns  8  of  the  tables 
9  and  10)  the  correction  for  polymerization  already  discussed. 


Table  9. — Measurements  of  liquid  density  for  sample  J+c 

Mass  of  sample  by  weighing  in _  8. 0392 

Mass  of  sample  by  weighing  out _  8. 0390 


Mean  value . . .  8. 0391  grams. 


Date 

(1943) 

Tempera¬ 
ture  t 

Volume 

Vapor 

density 

Vapor 

mass 

Liquid 
mass  by 
difference 

Liquid  density 

Col.5+col.9 

+0.0010674< 

Liquid 

Vapor 

Apparent 

Correc¬ 
ted  » 

°C 

ml 

ml 

g/ml 

9 

9 

g/ml 

g/ml 

giml 

Oct.  15 _ 

-78.  72 

10.9808 

4.  711 

0.00005 

0.0002 

8.  0389 

0.  73209 

0.  73209 

0.  64811 

Oct.  15 _ 

-44.92 

11.5486 

4. 144 

.00043 

.0018 

8.  0373 

.  69595 

. 69595 

. 64844 

Oct.  15 _ 

0 

12.  4463 

3.  252 

. 00277 

.  0089 

8. 0303 

.  64519 

. 64519 

. 64816 

Oct.  20 _ 

+53.  04 

b  13.  7909 

1.833 

.  01456 

.0267 

b  7. 9656 

.5776 

.  5776 

.6482 

Oct.  21 _ 

+53.23 

°  13.  8016 

1.824 

.01423 

.0260 

«  7.  9677 

.  5773 

.  5772 

.6482 

Oct.  27 _ 

95.  67 

15.  704 

.010 

.036 

.0004 

8.  0387 

.5119 

.5089 

.6484 

*  Corrected  for  compressibility  of  liquid  and  for  polymerization. 
b  Not  including  0.0475  gram  of  liquid  in  top  capillary  next  to  valve. 
0  Not  including  0.0454  gram  of  liquid  in  top  capillary  next  to  valve. 


Table  10. — Measurements  of  liquid  density  for  sample  4d 

Mass  of  sample  by  weighing  in _  7. 4635 

Mass  of  sample  by  weighing  out _  7. 4642 


Mean  value . .  7. 4638  grams. 


Date 

(1943) 

Tempera¬ 
ture  t 

Volume 

Vapor 

density 

Vapor 

mass 

Liquid 
mass  by 
difference 

Liquid  density 

Col.5+col.9 

+0.0010674< 

Liquid 

Vapor 

Apparent 

Correc¬ 
ted  » 

°C 

ml 

ml 

g/ml 

9 

9 

9!  ml 

g/ml 

g/ml 

Nov.  3 _ 

-29.  79 

10.9814 

4.71 

0. 00081 

0.  0038 

7.  4600 

0.  67933 

0.  67933 

0.  64844 

Nov.  2 _ 

0 

11.  5494 

4.  146 

. 00277 

.0115 

7.  4523 

.  64525 

.  64525 

. 64822 

Nov.  8 _ 

+38.  73 

12.  4487 

3.  253 

. 00961 

.0313 

7.  4325 

.  59705 

. 59702 

.64806 

Nov.  9 . 

79.  62 

13.  794 

1.914 

.  02613 

.0500 

7.4138 

.  53746 

.  53709 

.  64848 

*  Corrected  for  compressibility  of  liquid  and  for  polymerization. 


The  rule  of  the  rectilinear  diameter  by  Cailletet  and  Mathias  states 
that  the  sum  of  the  densities  of  the  liquid  and  the  vapor  is  a  linear 
function  of  temperature.  A  graph  plotted  for  numerous  substances 
shows  that  this  rule  gives  a  very  close  approximation  if  the  rate  of 
change  with  temperature  of  the  sum  of  the  densities  is  less  than  —  1, 
when  both  variables  are  expressed  in  reduced  units.  The  constants 
given  for  butadiene  by  Cragoe  [20]  lead  to  the  equation 

Pi +p*= 0.648 17  — 0.0010674#,  (7) 

where  pt  and  pg  are  the  densities  of  saturated  liquid  and  vapor,  re¬ 
spectively,  in  grams  per  milliliter  and  t  is  the  temperature  in  degrees 
centigrade. 
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It  will  be  seen  that  the  sum  of  ph  p„  and  0.0010674£  should  be  very 
nearly  constant.  Such  sums  are  given  in  column  10  of  tables  9  and 
10  and  are  shown  graphically  as  ordinate  with  temperature  as  abscissas 
in  figure  16.  The  densities  of  the  vapor  used  for  this  purpose  are  cal¬ 
culated  from  equations  4  and  6  in  the  same  manner  as  the  values  in 
table  15  (discussed  in  section  VII). 


0.6490 


„  .6462 

.  o 
d 


/ 

/  ° 

3- 

A 

£ 

~~ - - 

-80  -60  -40  -20  0  20  40  60  80  100 

TEMPERATURE  °C 

Figure  16. — Comparison  of  observed  with  calculated  densities  of  liquid  1 ,8-butadiene. 


©=pi  from  sample  4c. 
X=pt  from  sample  4d. 

_ ,  pi  from  equation  7. 

_ ,  pi  from  equation  8. 


The  values  calculated  from  equation  7  are  represented  by  the 
dotted  line  in  figure  16.  The  differences  between  the  observed 
values  and  these  calculated  values  are  somewhat  greater  than  the 
precision  of  the  observed  data,  which  are  better  represented  by  the 
continuous  curve.  This  curve  is  calculated  from  the  equation 

p*= 0.64820  — 0.00 10748£-f-  1.6f210-8-f  1.5f310-9,  (8) 

in  which  the  notation  is  the  same  as  in  equation  7.  The  constant 
0.64820  in  this  cubic  equation  corresponds  to  a  liquid  density  of 
0.64523  g/ml  at  0°  C.  This  is  nearly  the  mean  of  the  observations 
on  the  two  samples  at  0°  C,  and  is  believed  to  be  correct  within  a  few 
units  in  the  fifth  decimal  place.  As  may  be  seen  from  figure  16, 
equation  8  is  in  agreement  with  the  observed  values  within  five  units 
in  the  fifth  decimal  place  in  the  temperature  range  —80°  to  +40°  C. 
Below  —60°  C  the  uncertainty  in  the  expansion  of  the  picnometer  is 
relatively  large,  and  above  +50°  C  the  observations  are  less  accurate, 
in  consequence  of  which  the  data  in  that  temperature  range  are  not 
considered  accurate  beyond  the  fourth  decimal  place,  and  above 
100°  C  beyond  the  third  decimal  place.  Values  calculated  from  equa¬ 
tion  8  are  given  in  table  6  (discussed  in  section  VI). 


(c)  COMPARISON  WITH  OTHER  DATA 

The  densities  measured  by  other  observers  are  compared  with  the 
values  calculated  from  the  present  formulation  in  figure  17.  Pre- 
vost’s  [21]  value  for  the  density  near  the  boiling  point  is  notably  low. 
The  low  normal  boiling  point  (—4.75°  C)  for  his  sample  suggests 
the  presence  of  lighter  hydrocarbons  as  impurities,  which  would 
explain  the  low  density.  The  data  given  in  Landolt-Bornstein  [22] 
appear  to  be  smoothed  and  have  been  represented  by  a  dotted  curve. 
The  present  data  are  intermediate  between  those  from  Pennsylvania 
State  College  [23]  and  those  by  Dean  and  Legatski  [24].  The  latter 
observers  heated  the  surface  of  their  sample  above  the  average  tern- 
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perature  of  the  sample.  In  consequence,  the  liquid  was  subjected  to 
a  pressure  exceeding  the  saturation  pressure,  and  at  the  higher  tem¬ 
peratures,  where  the  liquid  is  more  compressible,  the  observed  densi¬ 
ties  may  be  appreciably  too  high. 
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Figure  17.' — Comparison  of  values  calculated  from  equation  16  with  data  of  other 

observers. 

+=C.  Prevost  [19] 

- =1.  O.  Farbenindustrie  [20] 

X= Pennsylvania  State  College  [21] 

Q  =  M.  R.  Dean  and  T.  W.  Legatski  [22] 

4.  RATE  OF  POLYMERIZATION 

The  observations  taken  during  the  measurement  of  liquid  density 
at  79.6°  C,  together  with  the  assumption  that  the  volumes  of  1,3- 
butadiene  and  its  dimer  are  additive  upon  mixing,  lead  to  a  rate  of 
dimerization  for  pure  butadiene  of  0.12  percent/hr  at  79.6°  C.  This 
is  in  very  good  agreement  with  the  value  0.11  percent  at  82°  C  found 
by  Robey,  Wiese,  and  Morrell  [25],  who  have  made  a  thorough  investi¬ 
gation  of  the  rates  of  polymerization  for  pure  butadiene  and  butadiene 
containing  peroxides.  It  should  be  noted  that  in  the  present  work 
the  lower  end  of  the  column  of  butadiene  was  in  contact  with  mer¬ 
cury,  which  has  been  reported  to  be  a  catalyst  for  polymerization  [26]. 

5.  CRITICAL  CONSTANTS 

Due  to  the  rapid  polymerization  of  the  butadiene  samples  near  the 
critical  state,  accurate  direct  measurement  of  critical  constants  was 
not  possible.  The  procedure  near  the  critical  temperature  was  to 
start  with  the  sample  in  the  vapor  phase  and  to  compress  it  by  steps, 
observing  the  pressure  after  each  step  and  watching  for  the  butadiene 
meniscus  to  appear.  When  sample  3b  was  thus  treated  at  152.0°  C 
the  meniscus  suddenly  appeared  in  the  middle  of  the  sample.  At 
first  it  was  very  faint  but  soon  became  much  more  noticeable.  Sudden 
expansion  of  the  sample  was  accompanied  by  a  transient  opalescence, 
and  as  the  sample  was  thus  evaporated  the  meniscus  took  on  the 
appearance  of  being  considerably  below  the  critical  temperature. 
This  effect  is  believed  to  be  due  to  polymerization.  The  initial 
appearance  only  should  be  considered,  on  which  basis  152°  C  is  very 
near  the  critical  temperature. 

Sample  4b  wras  observed  at  149.0°  C.  The  meniscus,  very  faint  at 
first,  appeared  near  the  mercury  at  a  volume  considerably  greater 
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than  expected.  Although  “rain”  and  “fog”  appeared  during  expan¬ 
sion  (a  phenomenon  characteristic  of  the  region  near  the  critical), 
the  volume  at  which  the  meniscus  appeared  indicated  that  the  specific 
volume  of  the  saturated  vapor  was  considerably  greater  than  the 
critical  volume,  and  it  was  concluded  that  149°  C  is  below  the  critical 
temperature. 

Sample  4a  was  observed  at  157.36° C.  The  mass  of  thesample  was 
unknown,  hence  only  relative  volumes  were  observed,  but  the  pressure 
measurements  are  probably  the  best  obtained  near  the  critical  state. 
These  data  are  illustrated  in  figure  18,  in  which  the  upper  portion 


Figure  18. — Isotherm  at  157.86°  C  for  sample  No.  J^a. 


Upper  part— General  view  of  whole  isotherm. 

Lower  part— Magnified  pressure  scale  near  critical  region. 

Continuous  curve  represents  calculated  values  from  equation  13,  with  the  assumption  that  the  lowest 
observed  point  is  unaffected  by  polymerization.  Connected  straight  lines  with  arrows  indicate  chrono- 
ogical  order  of  experiments. 

A  meniscus  appears  near  mercury. 

B  meniscus  disappears  near  middle  of  sample  leaving  opalescent  band  1  or  2  mm  wide. 

C  opalescent  band  disappears. 


illustrates  the  whole  isotherm  and  the  lower  portion  illustrates  the 
field  covered  by  the  observations  with  an  enlarged  pressure  scale. 
After  being  compressed  step  by  step  until  the  highest  density  observed 
was  reached,  the  sample  was  expanded.  To  avoid  ambiguity,  part  of 
the  points  in  figure  18  are  connected  with  straight  lines  and  the 
chronological  order  is  indicated  with  arrows.  The  decrease  in 
pressure  indicated  by  the  last  two  observations  is  obviously  the  result 
of  polymerization.  The  continuous  curve  represents  values  cal¬ 
culated  from  the  equation  of  state  6,  which  is  believed  to  be  valid  up  to 
about  half  the  critical  density,  the  relative  volume  scale  being  ad¬ 
justed  to  fit  the  observed  pressure  at  the  lowest  density.  Assuming 
the  value  0.245g  ml-’  given  in  table  13  for  the  critical  density,  this 
adjustment  places  the  critical  density  on  the  relative  scale  at  ap¬ 
proximately  3.7.  The  dotted  curve  was  then  drawn  in  to  illustrate  the 
path  that  would  be  expected  had  there  been  no  polymerization. 
The  course  that  this  dotted  curve  should  follow  is  uncertain  for  two 
reasons:  (1)  the  rate  of  polymerization  varies  with  the  density,  and 
(2)  the  data  do  not  furnish  an  estimate  of  the  effect  on  pressure  of 
this  rate  except  where  pressures  were  observed  with  the  densities 
varied  in  both  directions.  The  short  horizontal  line  in  figure  18 
represents  a  calculated  pressure  obtained  from  equations  4  and  5, 
together  with  the  assumption  that  at  the  critical  density,  ( dp/dt)v  has  a 
constant  value  above  the  critical  temperature  (152°  C),  an  assumption 
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made  by  inference  from  the  behavior  of  C02  and  other  substances 
with  well-known  properties. 

The  point  A  (fig.  18)  represents  the  relative  volume  at  which  a 
liquid  butadiene  meniscus  appeared  near  the  mercury.  At  B  this 
meniscus  had  approached  the  middle  of  the  sample  and  vanished, 
leaving  an  opalescent  band  1  or  2  mm  wide.  At  C  even  this  band  had 
vanished  without  reaching  the  top  of  the  sample.  It  may  be  inferred 
that  the  polymer  at  first  condensed  to  form  a  solution  relatively  rich 
in  polymers,  the  solution  becoming  diluted  with  more  and  more  of  the 
monomer  until  the  critical  temperature  of  the  solution  fell  below  157°  C, 
and  the  meniscus,  and  even  the  opalescent  band,  vanished.  Thus  the 
phenomenon  just  discussed,  as  well  as  the  slope  of  the  isotherm  in 
figure  18,  indicates  that  157°  C  is  above  the  critical  temperature  of  pure 
butadiene.  The  discrepancy  of  about  1  atm  between  the  isotherm  as 
drawn  and  the  pressure  calculated  from  the  vapor-pressure  equation 
can  be  attributed  to  one  or  more  of  several  causes,  namely:  (1) 
polymerization  existing  already  at  the  first  observation,  (2)  an  under¬ 
estimation  of  the  rate  of  polymerization  during  experiments,  and  (3)  a 
failure  of  the  vapor-pressure  equation  to  represent  the  facts. 

The  vapor  pressure  calculated  from  equation  4  for  the  critical 
temperature  (152°  C)  is  32.42  meters  of  mercury.  This  value  has  been 
adopted  for  the  critical  pressure  in  producing  a  consistent  set  of  tables, 
although  the  data  in  figure  18  suggest  that  the  true  critical  pressure 
may  be  slightly  lower. 

The  critical  density  is  best  determined  from  the  mean  of  the  data  on 
the  density  of  the  liquid  and  the  vapor.  Two  equations  for  the  mean 
of  these  data  are  given.  The  linear  equation  7  leads  to  0.243  g/ml, 
whereas  the  cubic  equation  8  leads  to  0.245  g/ml.  As  the  cubic  equa¬ 
tion  represents  the  observed  values  of  liquid  densities  better  than  the 
linear  equation  in  the  range  —80°  to  +100°  C.  the  larger  value 
0.245  g/ml  is  preferred. 

The  values  PC=32A2  meters  of  mercury,  Tc— 152  +  273.16°  Kelvin, 
and  Pe= 0.245  g/ml  give 

O'270  or  PJ^=3-70- 

V.  PURITY  OF  SAMPLES  AND  MELTING  POINT  OF 
PURE  BUTADIENE 

The  melting  curve  of  a  material  provides  a  sensitive  method  of 
determining  the  amount  of  impurity  that  is  soluble  in  the  liquid 
phase  and  insoluble  in  the  solid  phase.  Such  a  curve  is  shown  in 
figure  19  and  was  obtained  as  follows: 

Starting  with  the  calorimeter  containing  the  sample  (in  the  solid 
state)  at  the  temperature  A,  measured  amounts  of  electric  energy 
were  added  and  the  temperature  of  the  calorimeter  observed  after 
thermal  equilibrium  had  been  established  following  each  heating. 
The  resultant  curve,  A,  E,  B,  C,  gives  the  temperature  of  the  calorim¬ 
eter  and  contents  as  a  function  of  the  energy  added.  In  order  to 
obtain  the  more  useful  relation,  fraction  melted  versus  temperature, 
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the  line  AD  is  drawn.  This  is  an  extrapolation  of  the  part  of  the 
curve  representing  the  energy-temperature  relation  when  the  material 
is  all  solid.  The  horizontal  distance  EF  from  any  observed  point  to 
the  line  AD  represents  the  energy  that  has  been  used  to  melt  part 
of  the  sample,  as  F  represents  the  temperature  energy  condition  which 
would  have  existed  if  no  material  had  melted.  Accordingly  the 
distance  DB  represents  the  total  heat  of  melting.  Therefore,  if  the 


Energy  added 

Figure  19. — Illustrative  melting  curve. 
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Figure  20. — Melting  curves  for  the  four  samples  of  1,3-butadiene. 

heat  of  fusion  is  assumed  to  be  constant,  the  fraction  melted  at  point 
E  is  (EF/DB) . 

Figure  20  shows  the  melting  curves  of  the  four  samples,  giving  the 
temperature  as  a  function  of  the  fraction  melted.  The  data  repre¬ 
sented  in  these  curves  were  used  to  obtain  values  for  the  purity  of  the 
samples  and  for  the  melting  temperature  of  pure  butadiene.  If  it  is 
assumed  that  the  impurity  is  soluble  in  the  liquid  and  insoluble  in  the 
solid,  then  the  curves  shown  in  figure  20  will  have  approximately  the 
form 

Tm-T=(a/F),  (9) 
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where 


T=  temperature  at  a  point  on  the  curve 
Tro=melting  temperature  of  pure  butadiene 
F—  fraction  melted 
a  =  constant=  Tm—  T  (when  F=  1). 

This  equation  is  derived  from  the  formula  relating  the  depression  of 
the  freezing  point  of  a  material  with  the  mole  fraction  of  impurity 


where 


z=the  mole  fraction  of  impurity 
Lf=  the  heat  of  fusion 

TTO=the  freezing  (melting)  temperature  of  the  pure  substance 
Tf—  the  temperature  at  which  the  liquid  containing  x  mole 
fraction  of  impurity  starts  freezing. 

The  constants  in  equation  9  were  determined  for  the  melting  curve 
of  sample  3,  figure  20,  by  selecting  a  value  of  Tm  that  gave  the  most 
constant  values  for  a.  The  results  are  shown  in  table  11.  The  data 
on  this  sample  were  best  represented  by  equation  9  when  164.244°  K 
was  chosen  as  the  value  of  Tm. 

Table  11. —  Data  from  the  melt  of  sample  3 


Tm-r 

F 

a~F(Tm-T) 

°  K 

0. 059 

0.027 

o.  00159 

.011 

.107 

. 00118 

.005 

.260 

.00130 

.0021 

.466 

.00098 

.0017 

.768 

.00131 

.0013 

.872 

.00113 

a  (mean) 

0.00125 

The  amount  of  liquid  soluble,  solid  insoluble  impurity  may  now  be 
computed  from  equation  10.  It  is  seen  that  the  constant  a  in  equa¬ 
tion  9  is  the  same  as  Tm—Tf  in  equation  10.  Using  Tm=  164.244° 
K,  Tm—Tf=a=  0.00125°  K,  Lf—  7980  int.  j  mole-1,  the  mole  fraction 
impurity,  x,  in  sample  3  is  0.000045,  or  45  moles  per  million.  Calcula¬ 
tions  of  the  amounts  of  impurity  in  samples  1  and  2  gave  552  moles 
per  million  and  516  moles  per  million,  respectively.  The  treatment 
of  the  melting  data  of  samples  1  and  2  yielded  a  value  for  Tm  0.006 
degrees  Kelvin  higher  than  that  obtained  from  the  melt  of  sample  1. 
These  two  samples  were  so  nearly  alike  that  the  melting  data  on  both 
samples  were  well  represented  by  a  single  curve. 

The  curve  for  sample  4,  figure  20,  shows  that  this  was  the  purest 
sample  obtained.  In  fact,  the  melting  curve  is  so  flat  that  only  the 
point  at  4.7  percent  melted  exhibited  any  measurable  depression  of 
the  melting  point,  &nd  even  here  it  amounted  to  only  0.001  degree 
Kelvin.  The  temperature  obtained  for  the  other  points  on  the  melt¬ 
ing  curve  was  164.242°  K.  The  liquid  soluble,  solid  insoluble  im¬ 
purity  in  sample  4  was  calculated  to  be  2  moles  per  million. 
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The  difference  between  the  values  of  the  melting  point  of  pure 
butadiene,  164.244  degree  Kelvin,  obtained  from  the  data  on  sample 
3,  and  164.242  degree  Kelvin  from  the  data  on  sample  4,  may  have 
been  caused  by  small  errors  in  the  calibrations  of  the  resistance 
bridges  used.  Two  different  Mueller  bridges  were  used  for  these 
measurements.  This  difference  of  0.002  degree  Kelvin  is  consider¬ 
ably  smaller  than  the  absolute  accuracy  of  temperature  measure¬ 
ments,  as  platinum  resistance  thermometers,  calibrated  in  the  same 
way,  can  deviate  from  each  other  by  as  much  as  0.01  degree  centi¬ 
grade  at  — 110°  C.  The  most  probable  value  of  the  melting  point  of 
pure  butadiene,  as  determined  from  the  data  on  samples  3  and  4,  is 
164.243° ±0.010°  K  or  - 108.917°±0.010°  C. 

The  vapor-pressure  measurements  at  the  ice  point  and  above  in¬ 
dicated  the  presence  of  an  impurity  that  did  not  appear  to  affect  the 
melting  curves.  The  vapor  pressures  of  samples  1,  2,  and  3  were 
found  to  depend  somewhat  on  the  fraction  condensed,  being  higher 
when  95  to  98  percent  was  condensed  than  when  75  percent  or  less 
was  condensed.  This  indicated  the  presence  of  an  impurity  that  was 
more  volatile  than  butadiene.  With  sample  3,  which  was  relatively 
pure  according  to  the  melting  curve  test,  the  increase  in  vapor  pres¬ 
sure  upon  condensing  most  of  the  sample  amounted  to  about  6  mm 
at  0°  C.  The  impurity  of  45  parts  per  million,  indicated  by  tne 
melting  curve,  was  not  great  enough  to  have  caused  this  increase  in 
vapor  pressure.  The  more  elaborate  procedure  in  preparing  sample 
4  was  carried  out  primarily  for  the  purpose  of  improving  the  vapor- 
pressure  data.  When  96  percent  of  this  sample  was  condensed  at  0° 
C  the  pressure  was  only  0.3  mm  Hg  higher  than  when  40  percent  was 
condensed. 

In  figure  14  the  continuous  curve  represents  values  calculated  for 
a  hypothetical  liquid  having  a  vapor  pressure  of  899  mm  with  0.001 
mole  fraction  of  an  ideal-gas  impurity  that  is  soluble  in  the  hypo¬ 
thetical  liquid  to  the  extent  of  5.5  X10-7  moles/cm3  of  liquid  for  a 
partial  pressure  of  1  mm.  These  assumptions,  together  with  the 
mass  of  the  sample  (0.0275  g),  lead  to  the  equation 


P=899 


1,000 

3. 04^+45.4’ 


(ID 


where  P  is  the  total  pressure  in  millimeters  of  mercury  and  v  is  the 
volume  occupied  per  gram  of  sample.  Although  the  curve  represents 
the  data  for  sample  3e  very  well,  the  spread  in  the  data  permits  some 
variation  in  the  assumed  values;  moreover,  the  impurity  may  not 
form  an  ideal  solution  as  assumed. 

No  specific  estimate  of  the  impurity  in  sample  4b  can  be  made 
because  the  spread  of  the  data  permits  a  considerable  variation  in  the 
value  assumed  for  the  solubility  of  the  impurity  with  a  correspond¬ 
ing  variation  in  the  estimated  amount  present.  It  is  evident,  how¬ 
ever,  that  the  amount  of  more  volatile  impurity  in  sample  4b  was 
considerably  less  than  that  in  sample  3e. 
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VI.  DERIVED  PROPERTIES  AND  FORMULATED  TABLES 
OF  THE  THERMODYNAMIC  PROPERTIES  OF  1,3-BUTA¬ 
DIENE 

1.  ENTROPY  AND  ENTHALPY  OF  SOLID  AND  LIQUID  1,3-BUTADIENE 

FROM  15°  TO  300°  K 

The  tables  of  specific  heat,  together  with  the  value  of  the  heat  of 
fusion,  were  used  to  calculate  the  entropy  and  enthalpy  of  solid  and 
liquid  butadiene.  It  was  first  necessary  to  obtain  values  of  Csat. 
between  0°  and  15°  K,  the  latter  temperature  being  the  lower  limit 
of  the  observed  data.  This  was  accomplished  by  using  the  equation 

aa«.  =  0.7188z/^),  (12) 

where  Osat.  is  the  specific  heat  in  int.  j  g-10K-1  and  D(  )  is  the  Debye 
function  [11].  This  function  w'as  selected  to  represent  the  data 
from  15°  to  30°  K,  inclusive.  The  agreement  between  the  observed 
values  of  Csal.  and  those  calculated  from  equation  12  was  not  entirely 
satisfactory,  but  the  function  was  considered  adequate  for  the  pur¬ 
pose  of  extrapolating  the  specific  heat  function  to  0°  K.  The  increases 
in  entropy  and  enthalpy  between  0°  and  15°  K  are  small  compared 
with  the  total  changes  of  these  quantities  between  15°  and  300°  K, 
so  an  error  in  the  function  used  between  0°  and  15°  K  would  have 
little  effect  on  the  values  obtained  at  300°  K. 

The  calculated  values  of  entropy  and  enthalpy  of  the  solid  and 
liquid  are  given  at  5-degree  intervals  in  table  12.  As  different  sets 
of  measurements  of  Csat.  were  available  it  was  necessary  to  make 
a  selection  in  order  to  use  the  most  reliable  values  for  the  calculation 
of  entropy  and  enthalpy.  From  15°  to  55°  K,  inclusive,  the  data 
on  sample  1  were  used,  as  no  other  data  were  available  in  this  tem¬ 
perature  range.  From  60°  K  to  the  triple  point  (164.24°  K)  the  data 
of  sample  4  were  used  because  this  was  the  purest  sample  measured. 
Above  the  triple  point  there  was  no  choice  between  the  data  obtained 
for  the  different  samples  so  the  values  of  Csat.  were  simply  averaged. 
Column  2  of  table  12  gives  these  values  of  Csal. 
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Table  12. — Entropy  and  enthalpy  of  solid  and  liquid  1,  3-butadiene 


a  t 

OT 

H.at-E8 

0 

T 

C.at. 

S.at. 

Jo 

Jo  v‘JrrdT 

SOLID 


°  K 

Int.j 

Int.j  g-^K-1 

Int.j  (r1 

Int.j  {T1 

Int.j  jrlJ3 

0 

0 

0 

0 

•0 

0 

5 

. 00291 

.0010 

.0036 

.0036 

10 

.  02322 

.0078 

.0581 

.0581 

15 

.0747 

.  0257 

.289 

.289 

20 

.  1492 

.0568 

.844 

.844 

25 

.2341 

.0991 

1.798 

1.798 

30 

.3193 

.  1493 

3. 183 

3.  183 

35 

.4012 

.2047 

4.  985 

4.985 

40 

.4762 

.2633 

7.  182 

7.  182 

45 

.  5447 

.3234 

9.  737 

9.737 

50 

.6081 

.3841 

12.  621 

12.  621 

55 

.6654 

.4448 

15.  807 

15.  807 

60 

.7136 

.  5050 

19.  258 

19.  258 

65 

.7532 

.5637 

22.  929 

22.  929 

70 

.7964 

.6210 

26. 803 

26.  803 

75 

.8393 

.6775 

30.  892 

30.  892 

80 

.8800 

.7329 

35. 191 

35.  191 

85 

.  9202 

.7875 

39.  692 

39.  692 

90 

.9585 

.8412 

44.  389 

44.  389 

95 

.9954 

.8940 

49.  274 

49.  274 

100 

1.  0302 

.9460 

54.  339 

54.  339 

105 

1.  0636 

.9970 

59.  574 

59.  574 

110 

1.  0963 

1.0473 

64.  973 

64. 973 

115 

1.  1312 

1.  0968 

70.541 

70.  541 

120 

1. 1685 

1. 1457 

76.  289 

76.  289 

125 

1.  2071 

1.  1942 

82.  228 

82.228 

130 

1.  2481 

1.  2423 

88.  364 

88.  364 

135 

1.  2926 

1.  2902 

94.  715 

94.  715 

140 

1.3412 

1.  3381 

101.  297 

101.  297 

145 

1. 3942 

1. 3861 

108.  134 

108. 134 

150 

1.4521 

1. 4343 

115.  246 

115.  246 

155 

1.  5186 

1. 4830 

122.  669 

122.  669 

160 

1.  5968 

1.  5324 

130.  4.53 

130.  453 

164.  24 

1.  6742 

1.  5752 

137.  384 

137.  384 

LIQUID 

164.  24 

1.9110 

2. 4739 

284.98 

*0 

284.  98 

165 

1.911 

2.4827 

286.  44 

286.44 

170 

1.912 

2.  5398 

295.  99 

295.  99 

175 

1.915 

2.  5952 

305.  56 

305.56 

180 

1.918 

2.  6492 

315.  14 

315.  14 

185 

1.922 

2.  7018 

324.  74 

324.  74 

190 

1.928 

2.  7531 

334. 37 

334.  37 

195 

1.934 

2.  8033 

344.  02 

344.02 

200 

1.941 

2.  8524 

353.71 

353.71 

205 

1.950 

2.  9004 

363. 43 

.00 

363.43 

210 

1.961 

2. 9475 

373.  21 

.01 

373.  22 

215 

1.973 

2.  9938 

383. 05 

.01 

383. 06 

220 

1.983 

3.  0393 

392. 93 

.01 

392.  94 

225 

1.997 

3.  0840 

402.88 

.02 

402.90 

230 

2.010 

3. 1280 

412.  90 

.02 

412.  92 

235 

2.  025 

3.  1714 

422.  99 

.03 

423.  02 

240 

2.  039 

3.  2142 

433.  15 

.04 

433. 19 

245 

2. 055 

3.  2564 

443.  38 

.05 

443.  43 

250 

2. 073 

3.  2981 

453.  70 

.07 

453. 77 

255 

2.089 

3.  3393 

464. 11 

.08 

464. 19 

260 

2. 107 

3.  3800 

474.  60 

.  10 

474.  70 

265 

'2. 126 

3.  4203 

485. 18 

.13 

485.  31 

270 

2. 147 

3.  4603 

495.  86 

.  16 

496. 02 

275 

2. 170 

3.  4999 

506.  65 

.  19 

506.  84 

280 

2. 193 

3.5392 

517.  56 

.23 

517.  79 

285 

2.218 

3.  5782 

528.58 

.28 

528.  86 

290 

2.242 

3.  6170 

539.  74 

.33 

540.07 

295 

2.  269 

3. 6556 

551.  02 

.39 

551.  41 

298. 16 

2.286 

3. 6799 

658.  22 

■  44 

658.  66 

300 

2.  296 

3.  6940 

562.  44 

.46 

562.  90 

*  Column  5,  zero  from  0°K  to  205°K. 
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The  entropy,  S',  was  calculated  by  integrating  ( CsatJT)  dT  by  means 
of  Simpson’s  rule,  and  the  results  were  checked  by  a  graphical  inte¬ 
gration.  The  increase  in  enthalpy  referred  to  the  solid  at  absolute 
zero,  H—Eq,  is 

H—  Ei = joTCsa ,  dT+  JQTv^?dT,  (13) 

where  v  is  the  specific  volume  of  the  liquid  and  p  is  the  vapor  pressure. 
The  integrals  were  evaluated  by  Simpson’s  rule.  Values  of  dpjdT 
were  obtained  from  equation  5  and  values  of  v  from  table  13.  The 
calculated  values  of  H  were  checked  by  performing  the  integration 

XT 

SdT  and  comparing  the  values  so  obtained  with  the  quantity 

rr 

(TS'— H+jE’o),  which  should  equal  I  SdT.  This  provides  a  check  on 
the  internal  consistency  of  the  calculations. 


Table  13. —  Thermodynamic  properties  of  1 ,8-butadiene  saturated  vapor  and  liquid 


Temperature 

log  Pnx 

Pressure 

Liquid 

Vapor 

Volume 

Density 

pv/RT 

Volume 

Density 

pv/RT 

°C 

mm  Hg 

ml/g 

g/ml 

ml/g 

g/liter 

-108.92 

1. 7157 

0.  520 

1. 3092 

0.  7638 

0 

364,200 

0. 00275 

0. 9999 

-100 

0. 1638 

1.46 

1. 3253 

.7545 

0 

136, 890 

.0073 

.9998 

-90 

.6064 

4.04 

1. 3440 

.7440 

0 

52,  230 

.0191 

.9995 

-80 

.9960 

9.91 

1.  3633 

.7335 

0 

22,  450 

.0445 

.9989 

-70 

1.3410 

21.93 

1.  3833 

.7229 

.0001 

10,  660 

.0938 

.9978 

-60 

1.6482 

44.  49 

1.  4041 

.7122 

.0003 

5,503 

.1817 

.9961 

—60 

1. 92334 

83.8 

1. 4257 

. 70140 

.0005 

3,  050 

.3279 

.9935 

-40 

2. 17098 

148.2 

1, 4483 

.  69048 

.0008 

1,795 

.5572 

.9897 

-30 

2.  39492 

248.3 

1.4718 

.  67945 

.0013 

1,112 

.8993 

.9847 

-20 

2.  59836 

396.6 

1,  4964 

.  66826 

.0020 

719.8 

1.  3892 

.9781 

-10 

2.  78399 

608.1 

1.  5224 

.  65685 

.0030 

483.8 

2. 0668 

.9698 

0 

2. 95410 

899.7 

1.  5499 

.64522 

.0044 

335.9 

2.977 

.9595 

10 

3. 11060 

1,290 

1.  5790 

. 63331 

.0062 

239.8 

4.171 

.9473 

20 

3.  25510 

1,799 

1.  6102 

. 62106 

.0086 

175.3 

5.  706 

.9330 

25 

3. 32332 

2,105 

1.  6265 

. 61480 

.0100 

151.0 

6. 621 

.9250 

30 

3.  38906 

2,449 

1.6436 

.60842 

.0115 

130.8 

7. 647 

.9164 

40 

3. 51363 

3,  263 

1.  6797 

. 59533 

.  0152 

99.3 

10. 069 

.8976 

50 

3. 62984 

4, 264 

1.7191 

.58169 

.0197 

76.6 

13. 060 

.8763 

60 

3. 73862 

5, 478 

1. 7624 

.5674 

.  0251 

59.8 

16. 73 

.8526 

70 

3.  84074 

6, 930 

1.8104 

.5524 

.0317 

47.  2 

21.20 

.8260 

80 

3. 93692 

8,648 

1. 8643 

.5364 

.0396 

37.5 

26. 66 

.7967 

90 

4.  02780 

10,  661 

1.  9259 

.5192 

.0490 

30.0 

33.  33 

.7640 

100 

4. 11397 

13,  001 

1. 9975 

.5006 

.0604 

24.1 

41.54 

.7274 

110 

4. 19604 

15,  705 

2. 0833 

.480 

.0741 

19.3 

51.82 

.686 

120 

4.  27459 

18, 820 

2. 1909 

.456 

.0910 

15.4 

65.08 

.638 

130 

4.  35029 

22,  400 

2.  3351 

.428 

.  113 

12.0 

83.17 

.579 

140 

160 

4.  42389 
4. 49639 

26,  540 

31,  360 

32,  420 

2.  5652 

.390 

.143 

•  9.0 

111.  41 

.500 

152 

4. 51087 

4.08 

0.  245 

0.270 

4.08 

245 

0.  270 
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Table  13. — Thermodynamic" 'properties  of  1,  S-butadiene  saturated  vapor  and 

liquid — Continued 


Temperature 

Enthalpy 

Entropy 

C 

H-El 

liquid 

Evapora¬ 

tion 

h-£5 

vapor 

Liquid 

Evapora¬ 

tion 

Vapor 

Liquid 

Vapor 

°C 

Int. 

Int.  j/g 

Int.  j/g 

Int.  jig  °  C 

Int.  j/g  °C 

Int.  j/g  °  C 

Ini  -  j/g  0  C 

Int.  j/g  °C 

-108. 92 

(284. 98) 

609.7 

794. 87 

(2. 4739) 

3. 1035 

6.  5782 

(1.911) 

-2.18 

-100 

(302. 05) 

601.2 

803. 30 

(2. 5749) 

2.8944 

5.  4695 

(1. 914) 

-1.934 

-90 

321.  22 

491.8 

813. 06 

2.  6826 

2.6853 

6.  3679 

1.922 

-1.689 

-80 

340.  60 

482.7 

823.18 

2.  7850 

2. 4989 

6.2839 

1.933 

-1.471 

-70 

359. 90 

473.7 

833.  63 

2.  8829 

2. 3318 

6.  2147 

1.947 

-1.271 

-60 

379. 45 

464.9 

844.38 

2. 9769 

2. 1811 

6.1580 

1, 965 

-1.090 

-60 

399.24 

456.2 

865. 45 

3. 0675 

2.  0443 

5. 1118 

1.990 

-.926 

-40 

419.29 

447.6 

866. 78 

3. 1555 

1. 9192 

5.  0748 

2.019 

-.776 

-30 

439.  63 

438.7 

878.  33 

3.  2408 

1.  8041 

5.0449 

2.048 

-.641 

-20 

460.  33 

429.7 

890.08 

3.  3241 

1.  6975 

5. 0216 

2.083 

-.  518 

-10 

481.40 

420.6 

901.98 

3. 4055 

1.  6982 

5.  0037 

2.122 

-.407 

0 

602.88 

411.1 

913.99 

3.  4854 

1.  5050 

4.9904 

2.163 

-.308 

10 

624. 80 

401.2 

926.  04 

3.  5640 

1.4170 

4. 9810 

2.  207 

-.220 

20 

647.24 

390.9 

938.11 

3.6414 

1.  3333 

4. 9747 

2.258 

-.  141 

25 

558. 66 

385.5 

944. 12 

3. 6798 

1. 2928 

4. 9726 

2.286 

108 

30 

570.  23 

379.9 

950. 11 

3.  7180 

1.2531 

4. 9711 

2.313 

-.073 

40 

593. 82 

368.2 

962. 01 

3.  7940 

1. 1757 

4.  9697 

2.367 

-.  014 

50 
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3. 8694 

1. 1007 

4.  9701 

2.427 

+.  033 

60 
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342.3 

985. 17 

3. 9442 

1. 0274 

4. 9716 

2.489 

-f.  070 

70 

668.  41 

327.8 

996.  25 

4.0187 

.9554 

4. 9741 

2.551 

+.  093 

80 

694.  67 

312.2 
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4.  0930 

.8839 

4.9769 

2.617 

+.099 

90 

721.71 

295.1 

1016.  77 

4. 1671 

.8125 

4.  9796 

2.688 

+.084 

100 

749.  59 

276.2 

1025.  79 

4.2411 

.7402 

4.  9813 

2.769 

.038 

110 

778.5 

255 

1033. 5 

4.316 

.665 

4.981 

2. 87 

-.06 

120 

808.9 

230 

1039.  2 

4.392 

.686 

4.978 

3. 02 

-.24 

130 

841.4 

200 

1041.6 

4. 471 

.496 

4.967 

3.34 

-.63 

140 
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158 

1036. 9 

4.  558 

.383 

4.941 

150 

152 

(978) 

0 

(978) 

(4.79) 

0 

(4.79) 

2.  THERMODYNAMIC  PROPERTIES  OF  LIQUID  AND  VAPOR  1,3- 
BUTADIENE  FROM  -109°  TO  +150°  C 

The  experimental  data  previously  described,  together  with  data  on 
the  specific  heat  of  the  vapor  [4],  have  been  used  as  a  basis  for  the  for¬ 
mulation  of  a  consistent  set  of  values  for  the  thermodynamic  proper¬ 
ties  given  in  tables  13  and  14.  The  values  given  in  these  tables  were 
calculated  from  the  following  empirical  equations:  vapor  pressure 
(eq  4),  vapor  density  (eq  6),  liquid  density  (eq  8),  and 

C;=  1.3660+0.00445*-  1.88X  l(r8(f-30)3,  (14) 

where  C°v  is  the  specific  heat  of  the  vapor  at  zero  pressure  in  interna¬ 
tional  joules  per  gram  degree  centigrade,  and  t  is  in  degrees  centigrade. 
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a  These  values  are  obtained  by  extrapolation  of  the  equation  of  state  beyond  the  temperature  range  in  which  there  are  experimental  data. 
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Equation  14  is  in  reasonable  agreement  with  results  recently  re¬ 
ported  [28,  29]  and  represents  the  results  reported  by  Scott  and  Mellors 
[4]  as  follows: 


Tempera- 

Specific  heat,  C°  int.  j/g  °C 

V 

ture 

Reported 

Calculated, 
eq  14 

0  C 
-36 

1.217 

1.215 

0 

1.366 

1.366 

40 

1.  549 

1.544 

80 

1.721 

1.720 

Values  of  the  tabulated  quantities  H°—EZ  and  S°  for  the  vapor 
were  calculated  from  equations  obtained  by  substituting  the  defini¬ 
tions  dH—CpdT  and  dS=(Cp/T)dT  in  equation  14  and  performing 
the  integration.  These  equations  are 

— £t*=919.00-}-1.366(K+0.002225£2— 0.47X10-8  (15) 

(*-30)4 

and 

S°= 0.93615  +  1.55252  log  T-0.0007335r  ,  . 

+8. 549(10)~6T2— 6.2667  (10)_9T3, 

where  E’0  is  the  internal  energy  of  the  solid  at  absolute  zero,  H° 
in  international  joules  per  gram,  and  S°  in  international,  joules  per 
gram  degree  centigrade  represent  the  ideal  gas  state  at  1-atm  pressure, 
t  is  in  degrees  centigrade,  and  T=£+273.16.  The  constants  of 
integration  were-  chosen  to  make  the  calculated  values  for  the  liquid 
agree  as  closely  as  possible  with  the  values  in  table  12. 

The  tabulated  values  for  the  specific  heat  of  the  liquid  were  cal¬ 
culated  from  the  specific  heat  of  the  vapor  with  the  aid  of  the  follow¬ 


ing  exact  thermodynamic  relations: 

{Cs)t={Gs)l^l^P-  (17) 

(°v^at.  =  (Cs)  (18) 

c>=<7p_2t(dr)p(yfX]  (19) 

*=c--rA&\dv  (2o) 

C°=c:+R,  (21) 


where  ( Cs)g  and  (Cs)  t  are  the  specific  heats  of  saturated  vapor  and 
liquid,  respectively,  Cv  and  Cv  are  the  specific  heats  of  the  vapor  at 
constant  pressure  and  volume,  respectively,  and  Cl  and  Cl  are  the 
corresponding  values  at  zero  pressure.  The  procedure  just  described 
may  appear  to  be  reversed  from  the  normal,  as  the  experimental 
values  of  specific  heat  of  the  liquid  are  the  more  accurate  and  had 
already  been  tabulated  in  table  12.  These  values  did  not  extend  above 
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20°  C,  however,  and  at  least  a  tentative  formulation  for  the  vapor 
would  have  been  necessary  to  obtain  values  for  the  liquid  above  that 
temperature.  Moreover,  formulation  for  the  liquid  is  necessarily 
limited  to  temperatures  below  the  critical,  whereas  the  limitations 
for  the  procedure  used  depend  only  upon  the  accuracy  with  which  the 
chosen  formula  can  be  extrapolated. 

The  tabulated  valus  of  L  and  LjT  were  calculated  from  the  Clap- 
eyron  equation  written  in  the  dimensionless  form 


values  of  pVJRT  from  table  13  being  used.  The  quantity  T(d  In  p)/dT 
was  calculated  from  equation  5.  Values  of  the  quantity  d(L/T)/dT 
were  calculated  from  the  values  of  LIT  by  the  Rutledge  method. 
The  various  other  derivatives  were  obtained  through  differentiation  of 
equation  8. 

The  tabulated  values  of  enthalpy  and  entropy  were  calculated  from 
the  equations 

EP-H  14.1747(Te/T)210"0-046(re/r)2+68.4(l-10-0-045(7’c/:n2)-148 
RT  ~  V 


36(Tc/T)4+7 
2  V2 


(23) 


S°-S 

R 


=ln 


1.5171T 

V 


14. 1747  (Te/r)2^-0-045^^2— 68.4(1  — 10-°-045(:re/:r)2)  + 1.48 


V 


18CZVD<-3.5 

- 9V2 - >  (24) 


where  V  is  in  milliliters  per  gram,  H°  and  S°  are  given  by  equations 
14  and  15,  and  R  is  0.15369  int.  j/g°C.  Equations  23  and  24  were 
derived  from  equation  8.  The  values  in  table  13  are  in  excellent 
agreement  with  values  interpolated  from  table  12.  Except  for  the 
values  shown  in  parentheses  in  table  13,  which  were  obtained  from 
table  12,  the  largest  differences  are  0.05  int.  j/g  in  the  enthalpy  at 
— 70°  C,  0.0002  int.  j/g°C  in  the  entropy  at  several  temperatures,  and 
0.002  int.  j/g°C  in  the  specific  heat  of  the  saturated  liquid. 

In  order  to  retain  accuracy  on  differences,  most  of  the  items  in  table 
13  and  some  in  table  14  are  given  to  more  places  than  the  accuracy  of 
the  individual  values  would  warrant.  Although  in  some  cases  the 
values  in  the  tables  may  be  in  error  by  a  somewhat  greater  amount, 
the  following  are  considered  reasonable  tolerances: 

1.  Vapor  pressures:  0.1  mm  or  slightly  better  at  low  temperatures, 
0.05  to  0.1  percent  for  —20°  to  +110°  C,  and  about  1  percent  at 
the  critical  temperature. 

2  Liquid  densities:  0.00005  g/ml  near  zero, 

0.0001  between  —30  and  +30°  C, 

0.001  below  100°  C. 

3.  Vapor  densities:  0.1  or  0.2  percent, 

1  or  2  percent  near  the  critical  temperature. 
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4.  Enthalpy  of  evaporation:  Same  as  vapor  densities. 

5.  Specific  heats:  Liquid  below  20°  C  about  0.1  percent,  the  uncer¬ 
tainty  increasing  at  higher  temperatures,  becoming  very  large  near 
the  critical  temperature:  vapor  between  —35°  and  +80°  C  about 
0.5  percent,  the  uncertainty  increasing  greatly  as  the  critical  tempera¬ 
ture  is  approached. 

6.  Enthalpy  and  entropy  differences:  Same  as  for  specific  heats. 


The  assistance  of  L.  A.  Matheson,  of  the  Research  Laboratory, 
Dow  Chemical  Co.,  in  providing  pure  1,3-butadiene  for  this  investi¬ 
gation  is  gratefully  acknowledged.  The  authors  express  their  thanks 
to  Patricia  Husbands,  who  performed  a  large  part  of  the  calculations 
involved  in  determining  the  constants  of  the  equations  in  this  formu¬ 
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ABSTRACT 

Measurements  of  the  specific  heat  at  constant  pressure  of  superheated  ammonia 
vapor  were  made  within  the  range  of  temperature  and  pressure  ordinarily  used  in 
refrigeration,  namely,  in  the  temperature  interval  —15  to  +150°  C.  and  at 
various  pressures  ranging  from  0.5  to  20  atmospheres.  Incidentally  a  few  meas¬ 
urements  of  the  Joule-Thomson  effect  were  made  in  order  to  evaluate  certain 
small  correction  terms. 

The  method  employed  is  a  familiar  one  in  calorimetry,  that  of  continuous  flow 
combined  with  electric  heating  of  the  vapor.  The  principle  of  this  method  is  to 
observe  the  rise  in  temperature  produced  by  a  measured  electric  power  added  as 
heat  to  a  steady  stream  of  vapor  flowing  through  the  instrument  at  a  measured 
rate. 

A  flow  calorimeter,  which  was  developed  for  the  particular  purpose  of  making 
these  measurements  on  ammonia,  is  briefly  described.  Refinements  were  in¬ 
corporated  into  the  calorimetric  apparatus  to  limit  size  and  thermal  capacity, 
to  secure  sensitivity,  to  avoid  thermal  leakage,  and  to  control  experimental 
conditions  which  affect  steadiness. 
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I.  INTRODUCTION 

This  series  of  measurements  of  the  specific  heat  of  superheated 
ammonia  vapor  is  one  of  a  group  of  experimental  investigations  of 
this  fluid.  The  purpose  of  the  whole  experimental  project  has  been 
to  provide  adequate  data  for  tables  of  thermodynamic  properties  of 
ammonia  (already  published1)  suitable  for  use  in  refrigeration  en¬ 
gineering. 

The  results  of  the  calorimetric  measurements  on  superheated 
ammonia  vapor  have  been  expressed  as  values  of  the  specific  heat  at 
constant  pressure  as  a  convenient  intermediate  step  between  the 
experiments  and  the  final  formulation  of  the  properties  of  the  vapor. 

The  aim  has  been  to  obtain  calorimetric  data  for  the  superheated 
vapor  comparable  in  accuracy  with  the  results  of  the  other  experi¬ 
mental  measurements  of  the  group,  so  that  consistent  tables  might 
be  formulated  which  would  agree  throughout  with  the  experimental 
data. 

II.  GENERAL  DESCRIPTION  OF  METHOD  AND  APPARATUS 

1.  METHOD 

The  method  employed  in  these  measurements  of  the  specific  heat2 
is  that  known  as  the  continuous-flow  electric  method.  This  method 
was  used  by  Callendar  and  Barnes 3  for  measurements  of  the  specific 
heat  of  liquids.  It  has  also  been  used  successfully  for  the  measure¬ 
ment  of  the  specific  heat  of  gases  by  a  number  of  experimenters, 
notably  Swann,4  Scheel  and  Heuse,5  Holborn  and  Jakob,6  and  Knob¬ 
lauch  and  his  associates.7 

Measurements  of  the  specific  heat  of  gases  are,  in  general,  more 
difficult  than  of  solids  and  liquids  because  larger  volumes  of  gas  must 
be  subjected  to  the  experimental  process  in  order  to  have  heat  quan¬ 
tities  large  enough  for  accurate  measurement.  The  flow  method  is 
particularly  suited  to  calorimetry  of  superheated  vapor  because  this 
method  allows  a  large  quantity  of  the  vapor  to  be  subjected  to  experi¬ 
ment  in  a  given  time  in  a  relatively  small  apparatus.  The  heat 
capacity  of  the  calorimeter  does  not  enter  as  a  direct  element  of  the 
measurement,  but  does  affect  the  time  required  to  reach  a  steady  state. 

The  principle  of  the  electric-flow  method  is  simple.  The  procedure 
is  to  observe  the  rise  in  temperature  produced  by  a  measured  electric 


1  B.  S.  Circular  No.  142,  1st  edition;  1923. 

2  The  term  specific  heat  as  used  in  this  paper  will  refer  to  the  specific  heat  at  constant  pressure;  that  is, 
the  heat  required  per  unit  mass  per  degree  to  change  the  temperature  of  the  vapor  when  kept  at  constant 
pressure. 

3  Brit.  Assoc.  Report,  p.  552;  1897.  Phil.  Trans.,  199  A,  p.  55;  1902. 

4  Roy.  Soc.  Phil.  Trans.,  210,  p.  199;  1910. 

5  Ann.  d.  Phys.,  37,  p.  79,  1912;  40,  p.  473,  1913;  69,  p.  86,  1919. 

6Zs.  des.  Verein.  Deutsch.  Ing.,  68,  p.  1429,  1914;  61.  p.  146,  1917;  Phy.  Zs.,  6,  p.  801,  1905. 

2  Zs.  des.  Verein  Deutsch.  Ing.,  61,  p.  81, 1907;  66,  p.  665, 1911;  59,  p.  376, 1915;  66,  p.  418, 1922. 
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power  added  as  heat  to  a  stream  of  fluid  flowing  through  the  calori¬ 
meter  at  a  steady  measured  rate.  In  the  apparatus  described  here, 
the  rate  of  flow,  when  steady,  is  measured  by  condensing  and  weighing 
the  ammonia  vapor  discharged  from  the  calorimeter  in  a  known  inter¬ 
val  of  time.  The  electric  power  input  is  obtained  from  measurements 
of  the  potential  drop  across  and  the  current  flowing  through  the 
heater.  The  rise  in  temperature  of  the  vapor  is  measured  by  two 
platinum  resistance  thermometers  in  the  vapor  stream,  one  before 
and  one  after  the  electric  heater.  The  accuracy  of  the  specific  heat 
determinations  depends  to  a  large  extent  upon  the  constancy  of  these 
observed  quantities  during  an  experiment,  and  the  accuracy  with 
which  they  are  measured.  One  of  the  important  advantages  of  this 
method  is  that  effects  which  could  lead  to  constant  or  systematic 
errors  may  be  eliminated  by  varying  these  three  principal  observed 
quantities  through  a  series  of  experiments,  and  noting  the  effect  on 
the  results.  Another  important  advantage  is  that  the  steady  state 
required  by  the  method  favors  accuracy  of  the  observations  because 
they  may  be  made  deliberately. 

Other  quantities  which  enter  into  the  determinations  of  the  specific 
heat  as  small  corrections  are  heat  leakage  and  the  effect  of  pressure 
drop.  The  evaluation  of  these  quantities  is  discussed  in  later  sections 
of  this  paper. 

2.  ARRANGEMENT  OF  APPARATUS 

A  general  view  of  the  apparatus  as  actually  used  is  shown  in 
Figure  1.  A  diagram  of  the  arrangement  of  the  important  parts  is 
shown  in  Figure  2.  The  three  large  heavily  dotted  squares,  A,  B, 
and  C,  represent  stirred,  thermally  controlled  liquid  baths.  The 
parts  within  any  one  of  these  squares  are  supposed  to  be  at  or  near 
that  particular  bath  temperature.  The  first  or  “  boiler  bath,”  A, 
furnishes  heat  to  evaporate  the  ammonia  in  the  reservoirs,  D,  which 
are  immersed  in  the  liquid.  From  these  reservoirs  the  vapor  passes 
through  three  needle  valves,  E,  F,  and  K,  in  series,  where  the  pressure 
is  reduced  and  regulated.  Thus  far  the  path  of  the  vapor  has  been  in 
a  region  controlled  to  a  uniform  temperature.  From  here  the  path 
of  the  vapor  next  leads  into  the  second  or  calorimeter  bath,  B,  which 
is  a  region  of  uniform  temperature  surrounding  the  calorimeter.  Here 
the  vapor  first  passes  through  a  length  of  tube  to  bring  it  to  the  bath 
temperature,  and  is  then  led  into  the  calorimeter  itself.  Within  the 
calorimeter  the  vapor  continues  successively  through  thermometer  cell, 
T1}  heater  cell,  H,  and  thermometer  cell,  T2.  From  the  calorimeter 
the  path  of  the  vapor  leads  through  the  throttle  valve,  J,  through 
one  or  more  control  orifices,  L,  in  parallel,  and  there  leaves  the 
calorimeter  bath  and  enters  the  third  or  condenser  bath,  C.  Here 
the  ammonia  is  led  into  one  of  the  reservoirs,  N,  which  are  cooled 
by  the  bath  in  order  to  condense  and  collect  the  ammonia. 
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The  cell,  H,  contains  the  electric  heater,  by  means  of  which 
measured  electric  power  is  added  to  the  stream  of  vapor.  Each  of  the 
cells,  Tx  and  T2,  contains  a  resistance  thermometer  to  measure  the 
temperature  of  the  vapor,  one  before  and  one  after  the  addition  of 
the  heat.  Each  of  these  thermometer  cells  has  a  connection  to  the 
pressure-measuring  apparatus  which  enables  the  pressure  to  be 
observed  simultaneously  with  the  temperature.  Two  gauges  are 


Fig.  2. — Diagram  of  general  arrangement 

A,  boiler  bath.  B,  calorimeter  bath.  C,  condenser  bath.  D,  reservoirs  used  as  evaporators.  E,  F, 
and  K,  valves  for  regulating  rate  of  flow.  H,  heater  cell.  T\  and  Ti,  thermometer  Cells.  J,  reducing 
valve.  L,  flow  control  orifices.  N,  reservoirs  used  as  condensers.  Mi,  one-atmosphere  mercury  ma¬ 
nometer.  Mi,  three-atmosphere  mercury  manometer.  P,  piston  gauge.  Q,  manometer  tor  actuating 
pressure  regulator.  V,  by-pass  valve.  R,  reservoir  for  reference  pressure. 

provided,  one  a  mercury  gauge,  M3,  for  pressures  up  to  3  atmospheres, 
and  the  other  a  piston  gauge,  P,  for  higher  pressures  up  to  100  atmos¬ 
pheres.  The  pressure  just  before  the  orifices,  L,  may  also  be  observed 
by  these  gauges.  The  condenser  line  is  provided  with  a  mercury 
manometer,  Mlf  for  pressures  under  1  atmosphere. 

The  mercury  manometer,  Q,  the  reference  pressure  reservoir,  R, 
and  the  valves,  V,  E,  and  F,  are  used  in  the  automatic  regulation  of 
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pressure  before  the  calorimeter.  This  pressure  regulation  combined 
with  the  action  of  the  orifice  control,  L,  regulates  the  flow.  Con¬ 
stancy  of  the  flow  is  a  vital  requirement  of  the  continuous-flow  method 
of  calorimetry. 

3.  DESCRIPTION  OF  CALORIMETER 

Although  the  term  “calorimeter”  might  be  applied,  to  the  entire 
group  of  apparatus  used  to  measure  the  heat  in  an  experimental 
process,  this  term  will,  for  convenience,  be  used  here  to  denote  that 
portion  of  the  apparatus  where  the  experimental  process  occurs,  the 
place  where  this  process  is  isolated  from  external  influences  so  that 
it  may  be  accurately  controlled  and  observed.  The  calorimeter  and 
the  more  important  parts  of  the  equipment  for  its  operation  will  be 
described  in  greater  detail  elsewhere.8 

The  calorimeter  was  designed  and  constructed  primarily  for 
measuring  the  specific  heat  of  ammonia  vapor  at  temperatures  up  to 
150°  C.  and  at  pressures  up  to  20  atmospheres.  To  meet  the  require¬ 
ments  of  the  ammonia  research  it  was  desirable  to  combine  into  one 
instrument  a  number  of  features  which  are  of  obvious  advantage, 
but  which  are  not  usually  all  found  in  a  flow  calorimeter.  Among 
these  features  are:  Utility  over  a  wide  range  of  temperature  and 
pressure;  small  size  and  heat  capacity;  small  thermal  leakage;  and 
means  for  accurately  observing  temperatures  and  heat  added. 

The  function  of  this  calorimeter  is  to  provide  a  system  within 
which  we  may  account  for  the  amount  of  vapor  passing  through,  the 
state  of  the  vapor,  and  the  amount  of  energy  added.  The  predomi¬ 
nating  influence  in  the  design  has  been  the  development  of  means 
for  conserving  the  heat  added  to  the  system.  Our  inability  to  avoid 
unmeasured  leakage  of  heat  limits  the  accuracy  of  determining  the 
net  amount  of  heat  added,  which  is  a  direct  factor  of  the  result. 

In  this  “calorimeter  system,”  which  is  that  part  of  the  calorimeter 
in  good  thermal  contact  with  the  vapor  stream  between  and  includ¬ 
ing  the  two  thermometer  cells,  the  principal  ways  for  loss  or  gain  of 
heat  other  than  through  the  electric  heater  are  by  (1)  conduction, 
either  along  the  tubes  carrying  the  ammonia,  the  supports  of  the 
system,  or  the  electric  lead  wires;  (2)  gaseous  conduction  and  con¬ 
vection;  (3)  radiation.  The  second  of  these  was  the  simplest  to 
control,  for  it  was  found  that  the  exhaustion  of  the  space  surrounding 
the  calorimeter  system  to  a  pressure  of  0.001  mm  of  mercury  or 
less  would  reduce  this  element  of  the  thermal  leakage  to  a  negligible 
amount.  Heat  conduction  along  the  solid  connections  was  con¬ 
trolled  by  first  making  the  thermal  resistance  of  these  connections 
large  and,  second,  by  leading  them  away  from  the  system  to  points 
outside  kept  at  the  same  temperatures.  Transfer  of  heat  by  radia- 

8B  S.  Sci.  Paper  on  A  Flow  Calorimeter  for  Specific  Heats  of  Oases. 
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tion  was  controlled  by  surrounding  the  system  with  metal  guards 
maintained  at  temperatures  nearly  identical  with  the  temperatures 
of  the  exposed  parts  of  the  system  within.  To  make  this  possible  a 
configuration  of  the  system  was  devised  which  would  keep  practially 
all  the  exposed  surface  approximately  at  either  the  initial  or  the  final 
temperature  of  the  vapor.  Only  two  protecting  guards  were  then 
necessary,  one  at  each  temperature.  One  of  these  was  kept  at  the 
initial  temperature  by  the  incoming  gas  stream  and  the  other  was 
controlled  by  an  auxiliary  electric  heater  and  regulated  by  the 
observer  to  maintain  that  guard  surface  close  to  the  temperature  of 
the  system  within.  The  manner  of  accomplishing  this  result  will 
appear  as  we  describe  the  construction. 

An  idea  of  the  actual  figure  of  the  calorimeter  may  be  obtained 
from  Figure  3.  The  important  elements  shown  diagramatically  in 
Figure  2  may  be  recognized  here,  namely,  first  thermometer  cell, 
T1}  heater  cell,  H,  and  second  thermometer  cell,  T2.  The  figure  of 
the  channel  in  which  the  vapor  is  led  along  to  the  regions  where  its 
state  is  altered  and  observed  is  important.  To  get  a  clear  idea  of 
the  thermal  shielding  we  may  again  follow  the  path  of  the  vapor 
through  this  vital  portion  of  the  instrument. 

Before  entering  the  calorimeter  the  vapor  passes  through  a  coil 
of  tubing  immersed  in  the  bath  to  bring  it  to  a  definite  temperature. 
It  is  important  that  on  entering  the  calorimeter  the  vapor  and  the 
parts  of  the  calorimeter  in  contact  with  it  shall  be  near  equilibrium 
with  the  temperature  of  the  bath.  To  this  end  the  vapor  next  passes 
through  the  coil,  B,  which  is  soldered  to  the  calorimeter  casing  or 
envelope,  and  is  bathed  by  the  liquid.  Thence  the  vapor  tube  passes 
through  the  envelope  and  across  the  vacuum  space  to  the  copper 
guard,  Gr  The  tube  is  soldered  to  this  guard,  winding  spirally 
upward  and  then  back  to  the  lower  end,  where  it  passes  inside  the 
guard,  Gx,  to  the  entrance  of  thermometer  cell,  Tx.  It  is  intended  that 
the  guard,  G1}  should  thus  be  kept  automatically  as  nearly  as  possible 
at  the  temperature  of  the  vapor  as  it  enters  the  thermometer  cell  so 
that  the  initial  temperature  of  the  vapor  may  be  correctly  indicated. 
The  connection,  Plf  is  for  determining  the  initial  pressure  of  the 
vapor.  In  passing  from  the  thermometer  cell  to  the  heater  cell  the 
vapor  is  led  through  a  coil  of  German  silver  tube  bearing  the  copper 
shield,  Su  and  thence  on  through  the  straight  inlet  tube  into  the  heater 
cell.  This  is  the  place  where  the  vapor  enters  the  region  where  it  is 
heated.  Here  the  system  is  narrowed  or  necked  down  to  the  bare 
essentials  to  transmit  the  vapor  across,  and  the  shields  are  brought 
as  close  to  the  vapor  tube  and  to  each  other  as  mechanical  technique 
will  permit,  so  that  little  area  may  be  left  exposed  to  radiation  at 
an  intermediate  and  uncontrolled  temperature.  The  function  of 
this  uneck”  is  to  confine,  within  clearly  defined  limits,  the  flow  not 
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Copper  in  heavy  lines;  german  silver  in  light  lines;  location  of  thermojunctions  indicated  by  numbered  dots. 
B,  helix  soldered  to  envelope.  H,  heater  cell.  T\  and  Ti,  thermometers.  Si  and  Si,  isothermal  shields 
for  conserving  heat  in  calorimeter  system.  Oi  and  Gi,  isothermal  guards  for  protecting  calorimeter  system 
from  thermal  leakage.  Pi  and  Pi,  pressure  connections  to  thermometer  cells.  QH,  heater  for  guard  Gi. 
VAC,  connection  to  vacuum  pump 
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only  of  the  ammonia  vapor,  but  also  of  the  quantities  of  heat  with 
which  we  are  dealing. 

The  vapor  enters  the  heater  cell,  H,  and  receives  the  energy  which 
is  added  through  the  electric  heater.  The  parts  through  which  the 
vapor  next  flows  tend  to  annul  the  differences  in  temperature  between 
the  vapor  and  its  flow  channel,  and  to  provide  temperature  control 
of  shielding  surfaces  to  protect  the  inclosed  parts  against  gain  or  loss 
of  heat.  At  the  upper  end  of  the  heater  cell  the  channel  turns 
abruptly  to  the  side  and  again  downward  and  then  winds  spirally 
for  five  turns  about  the  cylindrical  copper  shell  which  incloses  the 
heater  cell  itself.  The  vapor  is  then  led  through  the  coiled  tube 
soldered  to  the  cylindrical  copper  shield,  S2,  so  that  the  shield  and 
vapor  tend  to  approach  the  same  temperature;  that  is,  the  final 
temperature  of  the  vapor.  A  single  spiral  turn  of  german-silver 
tubing  carries  this  isothermal  stream  of  vapor  to  the  second  ther¬ 
mometer  cell,  T2. 

The  vapor  then  passes  on  through  the  six  turns  of  german-silver 
tubing  to  the  straight  channel  which,  turning  abruptly,  then  leads 
down  and  out  through  the  wall  of  the  casing  into  the  bath  again. 
The  pressure  tube,  P2,  is  led  out  from  the  thermometer  cell,  T2, 
through  the  flow  tube  for  thermal  reasons. 

The  guard,  G2,  incloses  virtually  all  the  exposed  portion  of  the 
calorimeter  system  which  is  at  the  higher  or  final  temperature  of 
the  ammonia  vapor.  This  guard  is  maintained  at  this  same  tempera¬ 
ture  by  an  electric  heater.  This  heater  is  located  in  the  annular 
cylindrical  space  between  two  concentric  copper  shells  and  is  called 
the  guard  heater,  GH.  Thermocouples  on  the  guard,  on  the  shield, 
and  on  the  thermometer  cell  permit  the  relative  temperatures  of 
these  parts  to  be  observed,  and  these  indications  are  used  for  gauging 
the  regulation  of  temperature  of  the  guard  so  as  to  annul  the  thermal 
leakage  to  or  from  the  calorimeter  system. 

Each  thermometer  coil  contained  about  54  cm  of  platinum  wire 
0.05  mm  in  diameter  wound  on  a  notched  mica  strip,  about  seven 
turns  to  the  mm.  The  potential  terminal  arrangement  of  leads  was 
used  and  the  four  platinum  leads  from  each  thermometer  were  brought 
out  of  the  upper  end  of  the  thermometer  cell  through  a  glass  seal. 
The  heater  coil,  E,  contained  about  100  ohms  of  bare  calido  wire 
wound  on  a  mica  strip  very  much  like  the  thermometers.  The 
thermometers  had  fundamental  intervals  of  10.8  and  10.7  ohms,  so 
that  a  sensitivity  of  the  temperature  measuring  apparatus  to  0.001°  C. 
was  not  difficult  to  secure.  As  to  the  type  of  lead  connections  to 
the  thermometers  and  the  manner  of  their  use,  it  might  be  inferred 
that  the  use  of  a  pair  of  differentially  connected  Callendar  type 
thermometers  would  have  been  appropriate,  as  such  an  arrangement 
would  have  required  only  a  single  reading  of  resistance  to  evaluate 
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the  temperature  rise  instead  of  the  four  readings  necessary  -with  the 
arrangement  used.  Nevertheless,  the  choice  of  the  potential  terminal 
type  of  thermometer  was  made  deliberately  for  the  purpose  of 
obtaining  increased  accuracy,  as  other  considerations  outweighed  the 
one  mentioned  above. 

The  size  or  scale  upon  which  the  apparatus  has  been  built  has 
affected  both  its  utility  and  its  construction.  In  order  to  avoid 
useless  bulk  and  thermal  capacity  which  would  require  either  prepa¬ 
ration  of  unnecessarily  large  amounts  of  purified  ammonia,  or  else 
sacrifice  either  time  or  accuracy  in  operation,  some  effort  was  made 
to  keep  th&  proportions  small. 

It  had  been  found  by  experiment  that  the  metals  used  in  the  con¬ 
struction  of  the  calorimeter  were  not  attacked  by  pure  anhydrous 
ammonia. 

4.  THERMOREGULATED  BATHS 

Considerable  attention  was  devoted  to  the  design  and  construction 
of  temperature  control  baths,  to  simplify  construction,  economize 
space,  and  promote  reliability  of  operation.  Three  baths  were  used 
which  were  similar  in  general  construction,  each  having  modifications 
to  adapt  it  to  the  performance  of  a  particular  service.  Their  shape 
favored  the  assembling  of  the  calorimetric  equipment  upon  a  table 
in  a  compact  group,  the  important  elements  of  which  were  easily 
accessible,  either  for  manipulation  or  observation. 

Each  bath  was  provided  with  a  control  unit  which  included  a  screw 
propeller,  a  refrigerating  coil  using  carbon  dioxide,  an  electric  heating 
coil,  and  a  thermoregulator,  actuated  by  expansion  of  a  confined 
liquid.  These  parts  were  assembled  in  a  tubular  housing  which  stood 
vertically  in  one  corner  and  the  rest  of  the  space  in  the  bath  was 
available  for  installing  such  parts  of  the  apparatus  as  required  tem¬ 
perature  control.  The  method  of  control  was  to  overcool  somewhat 
by  a  proper  setting  of  the  carbon  dioxide  throttle  valve,  and  com¬ 
pensate  the  overcooling  by  electric  heating,  so  controlled  by  an 
automatic  regulating  device  as  to  keep  the  fluctuations  of  temperature 
within  the  desired  limits.  Extremely  fine  regulation  was  necessary 
only  in  the  calorimeter  bath,  and  it  was  found  possible  to  control 
this  bath  so  that  no  change  of  more  than  0.001°  C.  could  be  observed 
over  a  period  of  30  minutes  or  longer.  The  reliability  of  operation 
of  this  thermal  control  and  the  relief  of  the  operator  from  this  care 
was  a  factor  contributing  to  the  character  of  the  final  results. 

5.  REGULATION  OF  RATE  OF  FLOW 

The  rate  of  flow  of  the  vapor  is  regulated  by  controlling  the  pres¬ 
sure  in  the  line  before  and  after  the  calorimeter.  Use  is  made  of 
the  principle  that  gaseous  flow  through  an  orifice  is  practically  inde- 
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pendent  of  the  low  side  or  back  pressure,  provided  this  pressure  is 
less  than  a  certain  fraction  of  the  high  side  or  fore  pressure.  In 
applying  this  principle  the  ammonia  lines  are  so  arranged  that  the 
vapor  after  leaving  the  calorimeter  is  discharged  into  the  condenser 
line  through  one  or  more  orifices  in  parallel  and  the  pressure  thus 
reduced  to  a  sufficiently  low  value.  In  the  experiments  with  ammo¬ 
nia  it  was  found  that  when  the  back  pressure  in  the  condenser  line 
was  kept  less  than  0.35  of  the  fore  pressure  on  the  orifices  the  flow 
was  sensibly  dependent  only  on  the  pressure  in  the  calorimeter.  In 
consequence,  only  a  rough  control  on  the  condenser  line  pressure 
is  needed,  and  having  this  the  close  regulation  of  flow  results  from 
control  of  the  pressure  in  the  calorimeter.  Since  constant  flow  is 
one  of  the  essentials  to  accuracy,  the  device  for  regulating  the  calori¬ 
meter  pressure  is  a  vital  part  of  the  apparatus. 

The  pressure  regulator  is  automatic  and  operates  in  a  manner 
similar  to  the  action  of  a  familiar  type  of  temperature  regulator. 
One  arm  of  the  manometer,  Q  (fig.  2),  is  connected  to  the  flow  line 
ahead  of  the  calorimeter  and  the  other  to  a  reservoir,  R,  which  is 
immersed  in  the  calorimeter  bath  for  constancy  of  temperature. 
The  pressure  in  this  reservoir  may  be  adjusted  to  any  chosen  refer¬ 
ence  value  by  transmitting  ammonia  through  rthe  by-pass  valve,  V. 
For  automatic  control  the  by-pass  valve  is  closed,  and  then  the 
pressure  in  the  calorimeter  line  is  balanced  against  the  reference 
pressure.  Departures  of  the  line  pressure  from  this  reference  value 
cause  the  mercury  in  the  manometer  to  make  or  break  electric  con¬ 
tact  with  the  platinum  wires  sealed  through  the  glass.  Making  or 
breaking  this  contact  controls  through  a  relay  the  direction  of  rota¬ 
tion  of  an  electric  motor,  which  in  turn  through  a  mechanism  con¬ 
trols  the  settings  of  valves,  E  and  F. 

The  operation  of  the  regulating  device  resulted  in  a  periodic 
fluctuation  of  the  line  pressure,  the  amplitude  and  period  of  which 
were  subject  to  the  control  of  the  operator.  It  was  usually  found 
possible  to  adjust  the  cycle  of  operation  to  a  period  of  from  5  to  10 
seconds  and  a  fluctuation  of  not  more  than  1  mm  of  mercury.  The 
device  was  so  sensitive  to  fortuitous  influences  that  it  could  not  be 
left  unattended  for  long  without  danger  of  spoiling  an  experiment, 
but  with  due  vigilance  it  could  be  kept  functioning  indefinitely. 

A  detailed  description,  together  with  photographs  of  this  regu¬ 
lating  device,  is  given  elsewhere.9 

6.  MEANS  FOR  INSURING  DRYNESS  OF  VAPOR 

Besides  the  provision  made  for  observing  the  quantities  from  which 
the  specific  heat  may  be  derived,  there  is  another  factor  no  less  vital 
to  accurate  results  than  any  of  the  refinements  in  equipment  or 
operation.  This  factor  is  the  quality  of  the  vapor.  Of  course,  if 


•  See  footnote  8,  p.  69. 


471/74 


siigCj'r  Stc?agoe]  Specific  Heat  of  Superheated  Ammonia  Vapor 


the  vapor  is  truly  superheated  and  the  state  is  truly  indicated  by  the 
observed  temp  atures  and  pressures,  no  question  of  quality  would 
be  encountered  except  at  the  saturation  limit.  But  if  on  the  con¬ 
trary  a  liquid  spray  or  fog  were  to  be  formed  at  any  place  in  the 
stream  before  it  entered  the  calorimeter,  and  if  these  mechanically 
entrained  droplets  should  be  swept  on  into  the  calorimeter,  the 
resulting  value  of  the  specific  heat  would  evidently  be  in  error  on 
account  of  the  heat  required  to  evaporate  this  spray  in  the  calorim¬ 
eter. 

The  measures  taken  to  avoid  this  occurrence  are  for  the  most  part 
automatic  in  operation.  The  evaporation  took  place  at  a  pressure 
from  three  to  eight  atmospheres  higher  than  the  working  pressure 
in  the  calorimeter.  The  stream  of  vapor  coming  from  the  reservoirs 
in  the  boiler  bath,  A  (fig.  2),  passed  to  the  needle  valve,  E,  in  the 
regulating  train.  It  was  then  throttled  successively  in  each  of  the 
three  valves,  E,  F,  and  K.  Each  of  these  three  valve  bodies  was  in 
very  good  thermal  connection  with  the  boiler  bath  through  a  copper 
bracket  soldered  to  the  copper  wall  of  the  tank.  This  connection 
would  tend  to  supply  heat  to  the  stream  of  ammonia  at  each  valve  to 
compensate  for  any  cooling  caused  by  the  throttling.  Besides  this 
first  approximation  to  isothermal  throttling,  further  opportunity 
was  given  the  ammonia  stream  to  reheat  between  valves,  F  and  K, 
and  again  after  valve,  K,  by  soldering  a  length  of  the  flow  tube 
directly  to  the  wall  of  the  tank.  In  operation  the  total  reduction 
in  pressure  in  this  regulating  train  of  valves  was  usually  from  three 
to  eight  atmospheres.  This  process  of  isothermal  throttling  in 
three  stages  would  tend  to  eliminate  any  traces  of  liquid  which 
might  otherwise  have  been  swept  through. 

Besides  these  precautionary  measures  to  guard  against  wetness  or 
nonuniformity  in  the  ammonia  stream  entering  the  calorimeter, 
there  was  an  effective  means  of  test  which  would  disclose  any  sensible 
effect  produced  on  the  result  by  wetness.  This  test  was  the  repetition 
of  experiments  with  different  rates  of  flow.  The  principle  of  this 
test  was  that  if  spray  or  fog  were  entrained  in  the  process  of  evapora¬ 
tion,  the  degree  of  wetness  would  depend  upon  the  rapidity  of  the 
evaporation,  and  the  elimination  of  entrained  liquid  would  be  the 
more  perfect  the  slower  the  flow.  Agreement  of  the  resulting  values 
of  specific  heat  for  different  rates  of  flow  assures  us  of  the  proper 
dryness  of  the  vapor. 

7.  ACCESSORY  APPARATUS 

Accessory  apparatus,  such  as  vacuum  pumps,  McLeod  gauges, 
pressure  gauges,  potentiometers,  thermometer  bridge,  and  balance, 
although  essential  parts  of  the  experimental  set-up,  are  so  familiar 
and  well  described  elsewhere  that  they  need  only  be  mentioned 
briefly  here.  Two  vacuum  pumps  and  McLeod  gauges  were  used. 
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One  set  was  used  to  evacuate  the  calorimeter  envelope,  and  the  other 
to  evacuate  the  flow  line  for  the  connections  to  the  condenser,  as 
desired.  The  vacuum  pumps  are  of  the  mercury-vapor  type  as 
designed  and  described  by  Stimson.10 

Two  pressure  gauges  were  installed  for  measuring  the  pressure  of 
the  ammonia  vapor  during  determinations.  For  pressures  up  to 
three  atmospheres  an  ordinary  open-end  mercury-in-glass  manometer 
was  used,  supplemented  by  a  barometer.  For  higher  pressures  an 
oil-sealed,  dead-weight,  rotating  piston  gauge  was  used. 

A  Leeds  &  Northrup  type  K  slide  wire  potentiometer  was  used 
for  the  power  measurements,  and  a  Wolff-Disselhorst  potentiometer 
for  the  thermocouple  readings.  For  the  resistance  thermometer 
readings  a  Mueller  type  Wheatstone  bridge11  with  shunt  decades 
was  used. 

The  steel  containers  with  ammonia  were  weighed  on  a  Rueprecht 
balance  rated  at  2  kg  capacity.  The  balance  was  mounted  on  a 
shelf  and  was  provided  with  suspensions  which  extended  from  the 
scale  pans  down  into  an  inclosed  weighing  chamber.  (See  fig.  1.) 

The  time  signals  used  to  measure  the  duration  of  flow  in  the 
determinations  of  the  rate  of  flow  were  controlled  by  a  Riefler  clock 
with  electric  contacts. 

About  40  valves  were  used  on  the  closed  ammonia  system,  which 
must  needs  be  tight  for  trustworthy  experimental  work.  Con¬ 
siderable  study  was  devoted  to  the  improvement  of  a  type  of  small 
needle  valve  which  had  already  been  developed  at  this  bureau  for 
nice  experimental  work  with  fluids.  Improvement  in  workmanship 
was  found  to  be  the  most  important  element  in  attaining  reliability. 
The  thread,  the  stainless-steel  conical  tip,  and  the  stuffing-box  bear¬ 
ing  of  the  stem  were  all  ground  or  lapped  and  polished  to  reduce 
friction  and  avoid  wear.  A  paraffin  filled  fine-grained  leather  stuffing 
held  between  two  accurately  fitted  brass  retainers  was  kept  under  a 
steady  pressure  by  a  stiff  spring.  Most  of  the  valves  were  provided 
with  extended  stems  of  german-silver  tubing  so  that  the  stuffing 
boxes  could  be  at  room  temperature,  and  the  seats  at  the  temperature 
of  the  bath.  The  performance  of  all  the  valves  was  found  to  be  en¬ 
tirely  satisfactory,  and  their  dependability  both  for  vacuum  and 
pressure  contributed  much  to  the  reliability  of  the  experimental 
results. 

III.  THEORY  OF  METHOD 

In  the  preceding  section  the  method  of  procedure  in  the  experiments 
and  the  arrangement  of  the  apparatus  have  been  outlined.  Con¬ 
sideration  will  now  be  given  to  the  method  of  computation  of  the 
specific  heat  at  constant  pressure  from  the  observed  data.  For  this 

111  Jour.  Wash.  Acad,  of  Sci.  7,  p.  477;  1917. 

»  B.  S.  Bulletin  13,  p.  547;  1916  (Sci.  Paper  No.  288). 
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purpose  we  shall  assume  that  the  following  quantities  have  been 
measured  after  the  calorimeter  has  reached  a  steady  state: 

1.  Current  in  electric  heating  coil. 

2.  Potential  drop  across  heating  coil. 

3.  Rate  of  flow  of  vapor  through  calorimeter. 

4.  Initial  and  final  temperatures  of  vapor. 

5.  Initial  and  final  pressures  of  vapor. 

6.  Temperature  difference  between  heater  shield  and  guard. 

Given  these  data  and  some  additional  data  for  evaluating  the 

corrections  for  thermal  leakage  and  Joule-Thompson  effect,  our 
problem  is  to  obtain  an  expression  for  the  specific  heat  at  constant 
pressure  for  a  definite  temperature  and  pressure. 

1.  NOTATION  AND  DEFINITIONS  OF  QUANTITIES 


1,  2  =  designations  for  initial  and  final  states,  respectively. 

7=  heating  current,  in  amperes. 

E=  potential  differences,  in  volts,  across  heating  coil. 
q=  general  symbol  for  heat  added  per  unit  mass. 

At?  =  heat  added  per  unit  mass  for  the  change  from  state  1  to 
state  2. 

F=  rate  of  flow  of  vapor,  in  grams  per  second. 
v=  specific  volume  of  vapor. 
p  =  pressure. 

6  =  temperature. 

Ap =  p2  —  Pi =  pressure  change  from  state  1  to  state  2.  (Since 
there  is  a  drop  in  pressure,  A p  is  always  negative.) 

A6=62  —  61  =  temperature  change  from  state  1  to  state  2.  (In 
Cv  experiments  A 9  is  positive,  in  Joul e-Thomson  experi¬ 
ments  Ad  is  negative.) 

P1  +  P2 

Pm=  0  —mean  pressure. 


0,  T  d2  a  i. 

6m  =  — 2~~  =  mean  temperature. 

e  =  internal  energy  per  unit  mass. 

II  =  e  +  pv  =  heat  content  per  unit  mass. 


-( 


dd\ 

dp)n~ 


Joule-Thomson  coefficient. 


Cp  =  specific  heat  at  constant  pressure. 

X  =  heat  added  per  second  by  thermal  leakage  in  any  experiment. 
N  =  indicated  excess  of  temperature  of  guard  over  that  of  heater 
shield,  expressed  in  microvolts. 
x  =  coefficient  of  thermal  leakage,  in  watts  per  microvolt. 
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2.  DETERMINATION  OF  CD 

Let  us  consider  a  fluid,  in  this  case  ammonia  vapor,  flowing  steadily 
along  a  channel  TXHT2  (fig.  4),  in  which  Tx  and  T2  represent  ther¬ 
mometer  cells  and  H  represents  a  heater  cell.  Let  Sx  and  S2  be  two 
sections  of  the  channel,  the  entrance  and  exit  sections.  Let  pxvx6xex 
be,  respectively,  the  pressure,  specific  volume,  temperature,  and 
internal  energy  of  the  vapor  as  it  passes  the  entrance  section  and  let 
p2v202e2  be  the  corresponding  quantities  at  the  exit  section.  In 
these  experiments  the  change  of  potential  energy  due  to  change  of 
level  and  the  change  of  kinetic  energy  due  to  change  of  speed  are, 
taken  together,  always  less  than  0.01  per  cent  of  the  work  equivalent 
of  the  heat  added ;  and  since  this  amount  is  negligible  we  may  apply 
the  first  law  of  thermodynamics  as  if  the  fluid  were  at  rest. 


5, 


T, 


ft  V,  0,  €, 


H 


i 

PzVz^z 


Fig.  4. — Diagram  of  calorimeter  system 


Since  the  vapor  enters  Sx  at  the  pressure  px  and  issues  from  S2 
at  the  pressure  p2  the  net  external  work  done  by  each  gram  in  passing 
through  the  apparatus  from  the  state  1  to  the  state  2  is  (p2v2  —  pxvx) . 
The  sum  of  this  quantity  of  work  and  the  simultaneous  increase  of 
internal  energy  (e2  —  ex)  is  equal,  by  the  first  law,  to  the  quantity  of 
heat  added  so  that  we  have 

&q  =  p2v2-p1v1  +  e2-e1  (1) 

all  quantities  of  heat,  work,  and  internal  energy  being  expressed  in 
the  same  units.  But  since  Ii=e  +  p  v  we  have  by  substitution 

Aq  =  Il2  -  Iix  (2) 

This  equation  shows  that  for  the  flow  process  under  consideration 
the  quantity  of  heat  supplied  is  equal  to  the  change  in  heat  content. 
A  similar  reasoning  applied  to  a  constant  pressure  process  also 
shows  that  the  quantity  of  heat  supplied  is  equal  to  the  change  in 
heat  content  so  that 


Inasmuch  as  the  change  of  heat  content  H2  —  Hx,  depends  only  on 
the  initial  and  final  states,  it  would  have  been  the  same  if  the  fall  in 
pressure  and  the  rise  in  temperature  had  occurred  in  two  separate 
steps  instead  of  simultaneously.  Let  us  consider  such  a  process 
in  which  the  first  step  consists  of  an  isothermal  expansion  of  the 
vapor  from  px  to  p2  at  the  initial  temperature  6X  and  the  second 
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consists  of  a  heating  from  6l  to  02  at  the  pressure  p2.  The  changes 
in  heat  content  for  these  two  steps  are 

x:  (fx dp  aad  xx^x, de 

respectively,  and  the  total  change  in  heat  content  in  passing  from 
state  1  to  state  2  is 


*-*.--m^xxfx-  (3> 


Making  use  of  the  general  relation 


and  substituting  n  for 


/dH\  _  / dH\  /d#\ 

\dp  )e~  \d9  )p\dp)H 

(I p)H >  °” for  (fX’ ond  Ai  for  H'-  ~ H '■ 


equation  (3)  may  be  written  in  the  form 


roi  rpi 

[Cp]Pidd  =  Aq+  [iiCv\  dp 
Je  i  Jp  i 


(4) 


The  last  term  in  this  equation  represents  the  correction  for  pressure 
drop.  Since  the  pressure  drop  in  these  experiments  is  small  and  since 
the  magnitude  of  this  correction  is  small  in  comparison  with  the 
heat  added,  A q,  it  is  sufficiently  accurate  for  our  purpose  to  assume 
that  LuTph,  varies  linearly  with  pressure,  and  write 


dd=  Aq  +  [nCp]9lPm  A p 


(5) 


The  terms  on  the  right  of  equation  (5)  may  be  evaluated  by 
experimental  observation,  thus  giving  a  value  for  the  heat  added 
in  an  ideal  constant  pressure  process.  But  in  order  to  evaluate  Cv 
at  definite  temperatures  and  pressures  it  is  necessar}7  to  take  into 
account  the  manner  in  which  Cv  changes  with  temperature,  espe¬ 
cially  near  the  saturation  limit.  Assuming  that  [  ^Yp]P2  is  a  function 
of  temperature  we  may  apply  Taylor’s  theorem  and  expand  in 
powers  of  (d  —  6m)  thus 

[C,p]w=[C,pW»  +  (^b)pi9  (0-^)+(^)p3,  (0-0m)2  +  etc.  (6) 

Integrating  both  sides  of  this  equation  between  the  limits  and 
d2,  we  have 

x;  <®= [4.W.  A9+(^L  ti  +(^L  i <7> 
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Combining  equations  (5)  and  (7)  we  have  finally 


[  £pWm  =  ^  +  [a*  Cphip, 


&P_( 

A6  \ 


dlCp\ 

dO 2  / 


P20t 


A02 

.24 


A04 

1924 


—  etc. 


(8) 


We  now  have  the  desired  result,  namely,  a  means  for  computing 
the  value  of  Cp  at  a  definite  temperature  and  pressure  from  the  ob¬ 
served  quantities  and  can  discuss  the  physical  meaning  of  the  terms. 

The  term  represents  the  quantity  of  heat  added  per  degree  per 

gram  of  vapor.  It  would  equal  the  specific  heat  at  the  mean  tem¬ 
perature  if  the  experiment  were  performed  under  the  ideal  condition 
of  constant  pressure  and  in  case  Cp  were  constant  or  a  linear  func¬ 
tion  of  temperature.  The  remaining  terms  in  the  right  member  of 
the  equation  represent  corrections  for  the  departure  of  the  actual 
experiment  from  the  ideal  conditions.  The  term  involving  pCp 
represents  a  correction  for  the  pressure  drop.  For  the  evaluation 
of  this  correction,  the  Joule-Thomson  coefficient  p,  must  be  known 
wuth  moderate  accuracy.  The  coefficient  may  be  obtained  with  the 
same  apparatus  by  means  of  auxiliary  experiments  in  which  the 
heat  added  electrically  is  zero.  The  remaining  terms  represent  a 
correction  for  the  variation  in  Cp  with  temperature  within  the  tem¬ 
perature  interval  of  the  experiment.  The  magnitude  of  these  terms 
can  be  determined  only  after  the  approximate  values  of  Cp  have  been 
found. 

The  heat  supplied  to  the  vapor  per  unit  time  after  the  system  has 
reached  a  steady  state  consists  of  two  parts,  namely,  the  heat  de¬ 
veloped  by  the  heating  coil,  El,  and  the  correction  for  thermal  leak¬ 
age,  X.  ’  Denoting  by  F  the  mass  of  vapor  flowing  per  unit  time,  the 
heat  added  to  each  gram  of  vapor  is 


A  2  = 


EI+X 

F 


(9) 


A  detailed  account  of  the  manner  of  evaluating  the  correction  for 
thermal  leakage  is  given  in  a  later  section  of  the  paper. 


3.  DETERMINATION  OF  JOULE-THOMSON  COEFFICIENT 


As  pointed  out  in  the  foregoing  section,  the  Joule-Thomson  coef¬ 
ficient,  p,  can  be  determined  with  sufficient  accuracy  for  the  evalua¬ 
tion  of  the  correction  for  pressure  drop  by  performing  supplementary 
experiments  in  which  no  heat  is  supplied  electrically.  A  convenient 
expression  for  evaluating  p  from  the  quantities  observed  in  such 
experiments  may  be  obtained  by  introducing  certain  approximations 
in  equation  (8).  Neglecting  second  and  higher  powers  of  A 6, 
assuming  [C,PVm  =  [C,p]pmei  =  [C,p]Pm0m,  and  solving  for  p,  equation  (8) 
gives 


_  A  6  Aq 

li~Ap~[Cp\VmemAp 


(10) 
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These  simplifications  are  very  close  approximations,  since  in  any 
Joule- Thomson  experiment  performed  in  this  calorimeter  both  Ad 
and  A p  are  small.  Since  no  heat  is  supplied  electrically  in  these 

X 

experiments,  EI=0  and,  from  equation  (9)  Aq  =  p  •  The  above 


equation  then  reduces  to 

Ad 
»  =  A~p 


_ X 

[Cv\PmdmFAp 


(ID 


in  which  the  last  term  represents  a  correction  for  heat  leakage. 


IV.  MATERIAL 


The  ammonia  used  in  these  experiments  was  prepared  by  C.  S. 
Taylor  of  the  chemical,  division  of  this  bureau.  The  method  of 
preparation  has  already  been  described  in  detail  elsewhere 12  and 
only  a  brief  description  of  the  process  of  purification  is  given  here. 

Commercial  anhydrous  ammonia,  manufactured  by  the  synthetic 
method,  was  used  as  a  source  of  material.  A  previous  analysis  of 
this  commercial  ammonia  indicated  that  it  was  very  free  from  im¬ 
purities  with  the  exception  of  a  small  quantity  of  water.  A  sample 
was  transferred  by  distillation  from  the  original  container  into  a 
small  steel  container.  The  first  portion  was  discarded  by  blowing 
off  the  gas  phase  and  about  nine-tenths  of  the  remainder  was  distilled 
into  a  similar  vessel  containing  metallic  sodium  in  the  form  of  a  fine 
wire  to  remove  any  remaining  traces  of  water.  Following  this 
dehydration,  about  eight  consecutive  fractional  distillations  were 
made,  rejecting  the  first  and  last  tenths  in  each  distillation.  The 
first  fractions  were  removed  by  blowing  off  the  gas  phase  during 
active  boiling  of  the  liquid  in  order  to  extract  the  noncondensing 
gases  present.  The  rejected  last  fractions,  which  remained  in  the 
container,  mainly  in  the  liquid  phase,  retained  most  of  the  soluble 
impurities. 

Tests  made  upon  several  samples  which  were  purified  by  the  above 
process  indicated  the  presence  of  less  than  0.01  per  cent  by  weight 
of  water  and  less  than  0.01  per  cent  by  volume  of  noncondensing 
gases  in  the  vapor  phase. 

A  sample  of  about  500  g  was  used  during  the  course  of  the  specific 
heat  experiments.  As  a  matter  of  convenience  this  sample  was  dis¬ 
tributed  among  several  steel  reservoirs  which  were  used  alternately 
as  boilers  and  condensers,  thus  utilizing  the  ammonia  repeatedly. 
On  two  occasions  during  the  interval  of  time  covered  by  the  experi¬ 
ments  the  vapor  pressure  of  the  ammonia  was  observed  in  order  to 
test  the  possibility  of  its  contamination  with  gaseous  impurities 
either  by  decomposition  of  the  ammonia  or  by  air  leakage  through 


1J  Composition,  Purification  and  Certain  Constants  of  Ammonia.  B.  S.  Sci.  Papers,  18,  p.  655;  1923 
(Sci.  Paper  No.  465);  also  Refrigerating  Engineering,  9,  p.  213;  1923. 
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the  packings  of  the  valves  into  the  condenser  line,  which  was  usually 
below  atmospheric  pressure.  In  both  cases  the  observed  pressure 
was  in  agreement  with  the  pressure  corresponding  to  the  bath  tem¬ 
perature  as  calculated  from  the  results  of  an  independent  investigation 
on  the  vapor  pressure  of  ammonia 13  within  0.3  mm  of  mercury 
which  was  within  the  limit  of  precision  of  the  pressure  observation. 

V.  EXPERIMENTAL  DETAILS 
1.  CALIBRATION  OF  APPARATUS 

Thermometers. — The  two  platinum  resistance  thermometers, 
designated  as  thermometers  1  and  2,  which  were  used  in  measuring 
the  initial  and  final  temperatures  of  the  ammonia  vapor,  were 
especially  designed  and  constructed  for  use  in  the  flow  calorimeter. 
These  thermometers  were  placed  directly  in  the  vapor  stream  in 
order  to  obtain  the  best  possible  indication  of  the  temperature  of  the 
vapor.  This,  of  course,  required  that  they  be  permanently  installed 
in  the  calorimeter  and  that  means  be  devised  for  their  calibration  in 
place.  They  were  calibrated  after  the  calorimeter  was  assembled 
by  comparison  with  a  third  standard  resistance  thermometer.  This 
reference  standard  thermometer  was  immersed,  throughout  the  com¬ 
parisons  and  experiments,  in  the  stirred  liquid  bath  used  to  control 
the  temperature  of  the  calorimeter.  This  thermometer  was  used  not 
only  to  calibrate  thermometers  1  and  2,  but  also  to  observe  the  tem¬ 
perature  of  the  calorimeter  bath  in  actual  experiments  for  the  purpose 
of  checking  the  nicety  of  the  temperature  regulation. 

In  order  to  bring  thermometers  1  and  2  to  the  temperature  of  the 
reference  standard  for  the  purpose  of  intercomparisons,  a  stream  of 
hydrogen  gas  at  about  atmospheric  pressure  was  passed  through  the 
calorimeter.  Hydrogen  was  used  as  a  medium  for  promoting  thermal 
equilibrium  on  account  of  its  high  thermal  conductivity  and  low 
Joule-Thomson  effect.  During  the  comparisons,  hydrogen  was  also 
admitted  into  the  envelope  space,  ordinarily  evacuated,  to  favor 
still  further  the  attainment  of  thermal  equilibrium  throughout  the 
system.  For  the  rates  of  flow  used,  the  drop  in  pressure  of  the  hydro¬ 
gen  was  not  enough  to  cause  any  appreciable  rise  in  temperature  due 
to  the  Joule-Thomson  effect. 

Comparisons  were  made  previous  to  and  during  the  course  of  the 
experiments  as  follows  : 


Date  Temperatures  of  comparisons 

Mav,  1921 _  40°,  0°,  50° 

February  21,  1922 _  25°,  50°. 

February  23,  1922 _  50°,  75°,  100°,  125°. 

March  8,  1922 _  50°,  75°,  100°,  125°,  150°. 

March  13,  1922 _  -40°,  -20°,  0°. 

March  14,  1922 _  -40°,  0°. 

March  15,  1922 _  -40°. 


13  B.  S.  Sci.  Papers,  16,  p.  1;  1920  (Sci.  Paper  No.  369);  also  Jour.  Amer.  Chem.  Soc.,  42,  p.  206;  1920; 
and  Jour.  Amer.  Soc.  Refrg.  Eng.,  6,  p.  307;  1920. 
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The  platinum  resistance  thermometer,  used  as  a  reference  stand¬ 
ard  in  these  comparisons  and  designated  as  Pt7,  had  been  in  use  as 
a  working  standard  in  the  thermometer  laboratory  of  this  bureau 
for  several  years.  Its  history  during  this  time  indicated  constancy 
and  reliability.  The  complete  calibration  as  a  primary  standard  at 
0,  100,  and  444.6°  (sulphur  boiling  point)  had  been  recently  verified. 
In  addition,  ice  point  observations  were  frequently  made  during 
the  progress  of  the  experiments  as  a  check  on  its  constancy. 

The  constants  in  the  Callendar  equation  for  Pt7  and  the  constants 
for  1  and  2  determined  from  the  above  comparisons  are: 


Thermometer 

Ro 

Rioo-Ro 

Pt7.  .  _  _ _ 

25.  6093 

9.  9870 

1 _ _ _ _ _ _ _ 

27.  7266 

10.  8122 

2... _ _ _ _ _ _ _ 

27.  5069 

10.  7243 

The  calibration  indicated  that  the  readings  of  thermometers  1  and 
2  were  reliable  to  about  0.003°  C.,  with  a  maximum  error  of  possibly 
0.005°  C.  at  the  higher  temperatures.  The  sensitivity  of  the  tempera¬ 
ture  measuring  apparatus  was  such  that  readings  were  always  pos¬ 
sible  to  0.001°  C. 

Pressure  Gauges. — Observations  of  pressure  were  made  for  two 
purposes.  The  absolute  value  of  the  pressure  was  one  of  the  specifi¬ 
cations  of  the  state  of  the  ammonia  vapor  subject  to  the  calorimetric 
measurement.  For  this  purpose  high  accuracy  in  the  pressure 
measurement  was  not  necessary,  since  the  specific  heat  does  not 
change  rapidly  with  changing  pressure.  The  other  purpose  of  the 
pressure  observation  was  to  evaluate  the  correction  term  for  the  drop 
in  pressure  which  the  vapor  experienced  in  passing  through  the 
calorimeter,  and  for  this  purpose  high  sensitivity  could  be  utilized. 

The  three-atmosphere  gauge  permitted  direct  observations  of  the 
pressure  by  reading  the  height  of  the  mercury  column  upon  a  steel 
tape  graduated  in  millimeters.  The  piston  gauge,  which  was  used 
for  measuring  pressures  above  three  atmospheres,  had  been  cali¬ 
brated  previously  for  use  in  another  investigation  by  direct  compari¬ 
son  with  an  open-end  mercury  manometer.  In  actual  use  the  pres¬ 
sure  of  the  ammonia  vapor  was  transmitted  to  the  piston  gauge, 
first  through  a  short  mercury  manometer  and  thence  through  oil 
to  the  piston.  This  small  manometer  served  to  indicate  when  the 
piston  was  in  equilibrium  and  with  a  given  load  on  the  piston  served 
to  measure  small  pressure  differences.  The  reading  of  each  of  these 
gauges  could  be  estimated  to  a  fraction  of  a  millimeter  of  mercury. 

Auxiliary  Apparatus.— The  auxiliary  measuring  apparatus 
consisting  of  the  Wheatstone  bridge  used  for  the  resistance  thermom¬ 
eter  observations,  the  two  potentiometers  and  the  electrical 
standards  used  with  them,  and  the  standard  weights  used  in  the 
measurements  of  rates  of  flow,  had  all  been  recently  calibrated  at 
this  bureau. 


480/83 


Scientific  Papers  of  the  Bureau  of  Standards  [  voi.  so 

2.  EXPERIMENTAL  PROCEDURE  IN  DETERMINATIONS  OF  CD 

Preparatory  to  a  series  of  determinations,  one  or  more  reservoirs, 
each  closed  by  a  valve  and  each  containing  about  200  g  of  the  purified 
ammonia,  were  placed  in  the  boiler  bath  and  connected  to  the  vapor 
supply  line  leading  to  the  calorimeter.  Two  or  more  similar  reser¬ 
voirs,  each  containing  only  a  small  amount  of  ammonia,  were  weighed, 
placed  in  the  condenser  bath,  and  connected  to  the  discharge  line 
from  the  calorimeter.  The  entire  line  from  the  boilers  to  the  con¬ 
densers  was  then  evacuated,  filled  with  ammonia  vapor  at  about 
atmospheric  pressure,  and  reevacuated  to  remove  impurities. 

At  the  beginning  of  an  experiment  the  envelope  of  the  calorimeter 
was  evacuated  to  a  pressure  of  0.001  mm  of  mercury  or  less  and  the 
evacuation  was  continued  throughout  the  course  of  an  experiment. 
Frequent  observations  of  this  pressure  were  made  to  help  control  and 
evaluate  the  thermal  leakage.  Even  at  150°  C.  no  great  difficulty 
was  experienced  in  maintaining  a  pressure  within  the  envelope  of 
0.001  mm  of  mercury  after  this  pressure  had  been  once  attained;  but 
it  may  be  remarked  that  this  was  accomplished  at  the  expense  of 
considerable  toil  and  patience  in  the  discovery  and  repair  of  leaks. 

Each  of  the  three  baths  was  brought  to  the  desired  temperature, 
which  was  thenceforth  controlled.  Close  adjustment  of  the  temper¬ 
atures  of  the  boiler  and  condenser  baths  was  not  required.  After  a 
little  experience  it  was  not  difficult  to  choose  a  temperature  of  the 
boiler  bath  which  was  favorable  to  good  regulation  of  the  rate  of  flow. 
In  the  experiments  at  pressures  less  than  about  five  atmospheres  the 
temperature  of  this  bath  was  usually  maintained  constant.  In  ex¬ 
periments  at  higher  pressures,  and  also  in  those  with  the  larger  flows, 
better  flow  regulation  was  found  possible  when  the  bath  temperature 
was  made  to  rise  slowly.  The  only  requirement  of  the  condenser  bath 
temperature  was  that  it  be  kept  low  enough  to  present  the  back 
pressure  of  the  vapor  from  affecting  the  rate  of  discharge  through  the 
orifices.  Experiments  showed  that  this  condition  was  realized  when 
the  indicated  pressure  on  the  condenser  line  was  less  than  35  per  cent 
of  the  fore  pressure  on  the  orifices. 

In  most  of  the  experiments  a  condenser  bath  temperature  ot 
—  45°  C.  was  found  sufficiently  low.  In  a  few  experiments  at  about 
one-half  atmosphere  pressure,  and  some  with  high  rates  of  flow,  lower 
condenser  temperatures  were  maintained  with  the  use  of  liquid  air. 
The  calorimeter  bath  temperature  required  extremely  close  regula¬ 
tion.  This  temperature  was  maintained  constant  to  about  0.001°  C. 
by  means  of  the  thermoregulator. 

When  all  was  ready,  the  flow  was  started.  The  final  pressure, 
p2,  in  the  calorimeter  was  adjusted  to  the  desired  value  and  thereafter 
maintained  constant  by  means  of  the  pressure  regulator.  The  calori¬ 
meter  heating  current  from  a  storage  battery  was  then  turned  on  and 
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adjusted  to  produce  the  desired  rise  in  temperature  of  the  vapor. 
Heating  current  was  also  supplied  to  the  guard  heater  in  order  to 
maintain  the  surface  of  the  guard  at  the  same  temperature  as  the 
surface  of  the  calorimeter  system  which  it  surrounds,  and  thus  help 
control  thermal  leakage. 

After  the  rate  of  flow  and  the  calorimeter  heating  current  had  been 
maintained  constant  for  a  period  of  about  one-half  hour,  observations 
were  made  periodically  of  the  initial  and  final  temperatures  of  the 
vapor.  The  constancy  of  these  observations  served  to  indicate  that 
the  calorimeter  had  reached  a  steady  state.  The  initial  and  final 
pressures  were  then  observed  alternately,  using  the  same  pressure 
gauge,  and  a  determination  of  the  rate  of  flow  was  started  by  diverting 
the  flow  into  a  weighed  reservoir. 

During  the  flow  determination  several  potentiometer  readings  were 
made  of  the  current  and  potential  drop  in  the  calorimeter  heating 
coil;  the  initial  and  final  temperatures  of  the  vapor  were  observed 
frequently,  and  the  current  in  the  guard  heater  was  manually  con¬ 
trolled  to  maintain  a  constant  indication  of  the  regulating  thermo¬ 
couples.  After  a  chosen  interval  of  time,  usually  20  minutes,  the 
flow  was  again  diverted  to  another  reservoir.  This  procedure  pro¬ 
vided  the  data  for  a  single  determination  of  specific  heat,  and  could 
be  repeated  as  often  as  desired. 

The  flow  determinations  were  started  and  stopped  on  minute  sig¬ 
nals  as  indicated  by  a  telegraph  sounder  which  was  operated  by  the 
standard  clock  of  the  bureau.  The  following  procedure  was  adopted 
in  order  to  avoid  error  in  evaluating  the  duration  of  the  flow  deter¬ 
mination.  The  minute  signal  from  the  clock  gave  the  time  for  start¬ 
ing  to  close  the  valve  to  the  condensing  reservoir.  When  this  was 
closed  the  valve  to  a  weighed  reservoir  was  opened.  During  the 
fraction  of  a  second  when  both  valves  were  closed  the  pressure 
in  the  condenser  line  did  not  rise  to  a  value  which  would  affect  the 
rate  of  flow  through  the  orifices  and  calorimeter.  The  same  procedure 
was  followed  at  the  end  of  the  time  interval,  first  closing  the  valve  to 
the  weighed  reservoir  and  then  opening  the  valve  to  another  reser¬ 
voir. 

Special  handles  were  attached  to  these  valve  stems  to  facilitate 
rapid  operation.  With  practice  the  time  required  to  open  or  close 
a  valve  was  less  than  one  second  and  slight  variations  in  the  procedure 
at  the  beginning  and  end  of  the  flow  determinations  introduced  an 
error  of  only  a  small  fraction  of  a  second  in  the  time  interval, 
which  was  usually  1,200  seconds. 

The  weighed  reservoirs,  after  a  charge,  were  removed  from  the 
condenser  bath,  washed  with  water  under  the  tap  to  bring  them  to 
room  temperature,  wiped  with  a  towel,  and  placed  for  several  minutes 
in  a  blast  from  an  electric  fan  to  bring  them  to  room  temperature  and 
reference  surface  conditions  before  weighing. 
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All  mass  determinations  were  made  to  1  mg  by  comparing  the 
differences  of  the  mass  of  the  weighed  reservoir  with  that  of  a  dummy, 
substituted  just  before  or  just  after  the  weighing.  The  dummy 
was  one  of  the  set  of  reservoirs  and  in  form  and  surface  was  essentially 
identical  with  the  rest  of  the  set.  The  differences  in  weight  were 
measured  with  platinum-plated  brass  weights  placed  on  the  same 
arm  of  the  balance  with  the  weighed  reservoirs. 

In  carrying  out  the  experiments  it  was  found  desirable  and  con¬ 
venient  to  utilize  the  services  of  four  persons  in  making  the  numerous 
manipulations,  adjustments,  and  readings.  The  duties  of  this 
staff  were  apportioned  somewhat  as  follows:  First,  regulation  of 
boiler  bath  and  rate  of  flow,  manipulation  and  adjustment  of  pressure- 
regulating  mechanism,  orifices  and  appropriate  valves,  observations 
of  the  initial  and  final  pressures  in  the  calorimeter;  second,  operation 
of  vacuum  pumps  and  condenser  bath,  observations  of  jacket  pres¬ 
sure,  weighings  and  manipulations  in  the  determinations  of  the  rate 
of  flow;  third,  regulation  of  calorimeter  bath,  and  electric  heating, 
adjustment  of  current  in  guard  heater,  observations  of  the  power, 
thermometers  and  thermocouples;  fourth,  recording  of  all  observa¬ 
tions  and  computation  of  results. 

3.  EXPERIMENTAL  PROCEDURE  IN  DETERMINATIONS  OF  n 

The  procedure  in  the  determinations  of  the  Joule-Thomson 
coefficient,  u,  was  similar  to  that  followed  in  the  specific  heat  experi¬ 
ments,  except  that  no  electric  heating  was  employed  and  the  rate  of 
flow  was  not  measured  during  the  course  of  those  determinations. 
Frequently  when  working  with  the  larger  rates  of  flow  such  an  experi¬ 
ment  was  made  at  the  beginning  of  the  day’s  observations  because 
the  calorimeter  could  be  brought  into  approximate  temperature 
equilibrium  with  comparative  ease  at  that  time.  These  experi¬ 
ments  were  not  made  previous  to  each  specific  heat  experiment 
because  of  the  length  of  time  required  to  bring  the  calorimeter  into 
temperature  equilibrium  after  a  portion  of  it  had  been  heated  several 
degrees  in  a  preceding  experiment  and  also  because  the  correction 
for  the  effect  of  pressure  drop  in  any  experiment  could  be  determined 
better  from  the  data  obtained  with  large  flows. 

4.  THERMAL  LEAKAGE 

It  has  already  been  pointed  out  in  Section  II  that  the  conservation 
of  the  measured  heat  intentionally  added  to  the  vapor  and  the 
avoidance  of  unmeasured  heat  leakage  to  or  from  the  vapor  are 
vital  to  the  accuracy  of  the  experimental  results  since  the  specific 
heat  can  be  determined  no  more  accurately  than  can  the  net  amount 
of  heat  which  the  vapor  gains  in  passing  from  the  initial  to  the  final 
state.  The  means  adopted  to  meet  these  ideal  conditions  are: 
(1)  Construction  and  operation  of  the  calorimeter  so  as  to  make  the 
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thermal  leakage  small,  and  (2)  determination  of  the  small  amount  of 
thermal  leakage  as  a  correction  to  the  directly  measured  heat  added. 
The  constructive  means  have  already  been  described  and  in  operation 
they  were  found  effective  to  the  extent  that  only  rarety  did  the 
correction  for  thermal  leakage  exceed  0.2  per  cent  of  the  entire  heat 
supplied  in  any  experiment.  We  shall  next  proceed  to  describe 
how  this  correction  was  evaluated. 

The  configuration  of  the  apparatus  is  too  complex  to  permit  an 
analysis  of  the  thermal  leakage  by  the  numerous  possible  paths  and 
the  alternative  course  was  followed  of  evaluating  the  entire  correc¬ 
tion  empirically.  The  fact  that  only  a  small  quantity  of  heat  re¬ 
mains  to  be  evaluated  after  the  means  for  reducing  the  thermal  leak¬ 
age  had  been  effected,  makes  the  selection  of  an  empirical  relation 
less  critical  than  would  otherwise  be  the  case.  What  is  more  vital 
here  is  the  method  of  testing  as  to  the  correctness  of  the  evaluation 
of  the  leakage.  This  method  is  discussed  later. 

The  empirical  relation  adopted  to  correct  all  the  experiments  for 
thermal  leakage  is 

X  =  (iV— O.2A0)x  (12) 

in  which  N  is  the  number  of  microvolts  indicated  by  the  regulating 
thermocouples  on  the  guard  and  heater  shield,  Ad  is  the  observed 
temperature  rise  of  the  vapor  expressed  in  degrees  centigrade  and  x 
is  the  coefficient  of  thermal  leakage;  that  is,  the  ratio  between  the 
total  thermal  leakage  X  and  the  mean  effective  temperature  differ¬ 
ence  between  the  calorimeter  system  and  its  immediate  surroundings. 
Experiments  showed  that  this  mean  effective  temperature  difference 
could  be  obtained  by  applying  a  correction  of  0.2  Ad  to  the  indi¬ 
cated  temperature  difference  between  the  guard  and  the  heater 
shield.  The  fact  that  the  regulating  thermocouples  did  not  always 
indicate  this  exact  mean  effective  temperature  difference  may  have 
been  the  result  either  of  imperfections  of  the  individual  couples  or 
of  the  inherent  difficulty  of  determining  the  average  temperature  of 
a  complicated  surface  by  means  of  a  limited  number  of  couples. 

N  and  Ad  were  observed  in  each  determination  of  the  specific 
heat,  but  the  coefficient,  x,  required  supplementary  experiments  to 
determine  its  value  for  various  temperatures  of  the  calorimeter  and 
various  degrees  of  evacuation  of  the  envelope  space.  The  coefficient 
of  thermal  leakage,  x,  was  determined  for  any  single  combination 
of  experimental  conditions  by  making  two  successive,  but  separate 
experiments,  in  which  the  only  conditions  varied  sensibly  were  the 
indicated  temperature  difference  between  the  calorimeter  shield  and 
guard,  N,  and  the  resulting  change  in  the  temperature  rise  of  the 
vapor,  Ad. 

These  two  coordinate  changes  were  observed,  the  first  by  means 
of  the  regulating  thermocouples  on  the  shield  and  guard,  and  the 
second  by  means  of  the  resistance  thermometers  in  the  vapor  stream, 
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precisely  as  in  a  determination  of  the  specific  heat.  In  order  to 
express  numerically  the  results  obtained  by  this  procedure,  equations 
(9)  and  (12)  may  be  substituted  in  equation  (8)  and  the  result 
written  as 


[<?pWm  = 


El  +  (N — 0.2A9)x 

FA6 


+  [^C\ 


pjp. 


Ap 
101  Ad 


_  ( 

\  /PlOv 


Ad 2 

.  24 


—  etc.  (13) 


The  two  experiments  yield  two  equations  of  this  form  in  which  the 
values  of  Cp  at  the  respective  mean  temperatures  are  practically 
identical.  Since  determinations  of  x  to  a  very  moderate  degree  of 
accuracy  are  sufficient  to  evaluate  the  small  amount  of  thermal 
leakage  we  may  neglect  the  small  differences  of  the  correction  terms 
and  write 


EI+  (iVa  — O.2A0a)  x  EI+(Nh-0.2Adb)x 

A 0a  A dh 

in  which  the  subscripts  refer  to  experiments  a  and  6. 
equation  for  x,  we  obtain 

_  EI(Adh-Ada) 

X  NaAdh  —  NhAd& 


(14) 

Solving  this 


(15) 


The  units  in  which  the  leakage  coefficient,  x,  is  expressed  are 
watts  per  microvolt.  It  may  be  recalled  that  x  is  by  definition  the 
thermal  leakage  per  unit  temperature  difference  between  the  calori¬ 
meter  system  and  its  surroundings.  Since  the  leakage  takes  place 
chiefly  by  radiation,  and  metallic  and  gaseous  conduction,  we  may 
expect  x,  in  general,  to  vary  with  the  temperature  of  the  calori¬ 
meter  and  the  pressure  of  the  gas  within  the  envelope. 


Table  1. — Determinations  of  thermal  leakage  coefficient  x 


Date 

El 

A0„ 

A0b 

A0a-A0b 

iVk 

iVb 

Env 

Pressure 

slope 

Temper¬ 

ature 

X 

Watts 

°C 

°c 

°C 

IxV 

mm  Hi 7 

°C 

Watts/nv 

Nov.  8,1921 

0.  3160 

10.  998 

11.  073 

-0.  075 

+0.  7 

+7.0 

41 

0.  00034 

Dn 

.  3160 

11.  073 

10.  800 

+.  273 

+7.  0 

-16.  0 

41 

.  00034 

Nov.  11,1921 

.  1864 

9.  383 

9.  183 

+.200 

+0.1 

-12.  1 

40 

.  00033 

Nov.  22,1921 

.  1087 

10.  733 

11.  040 

-.307 

0.  0 

+10.0 

21 

.  00031 

Nov.  26,1921 

.1109 

8.  899 

9.  085 

-.  186 

+0.  1 

+10.0 

-11 

.00023 

Nov.  28,1921 

.0592 

5.  804 

6.  161 

-.357 

0.  0 

+10.0 

59 

.00036 

Feb.  1, 1922 

.2153 

9.310 

8.  652 

+.  658 

0.0 

-9.9 

10.3 

39 

.00154 

Do _ 

.2151 

9.  344 

8.  952 

+.392 

0.0 

-10.  2 

.  12 

39 

.00088 

Do _ 

.2156 

9.  347 

9.  221 

+.  126 

+0.1 

-10.  0 

.0007 

40 

.00029 

Feb.  2, 1922 

.2135 

9.249 

9.038 

+.211 

0.0 

-10.0 

.0110 

39 

.00049 

Do _ 

.2131 

9.236 

9.  045 

+.  191 

0.0 

-10.0 

.0080 

39 

.00044 

Do _ 

.2128 

9.  221 

9.  104 

+.  117 

0.0 

-10.0 

.0005 

39 

.00027 

Feb.  3, 1922 

.  2294 

9.  875 

9.  768 

+.  107 

+3.0 

-7.0 

.0001 

40 

.00025 

Feb.  7, 1922 

.3878 

9.  654 

9.  591 

+.063 

+3.0 

-7.0 

.0001 

40 

.00026 

Feb.  9, 1922 

.3526 

9.  800 

9.  725 

+.075 

+3.0 

-6.9 

.0003 

60 

.00027 

Feb.  15,1922 

.2331 

10.  258 

10. 125 

+.  133 

+3.0 

-7.1 

.0004 

80 

.00030 

Feb.  28,1922 

.  1824 

9.  968 

9.632 

+.  336 

+3.0 

-7.0 

.0090 

155 

.00062 

Mar.  3, 1922 

.3298 

9.  937 

9.811 

+.126 

+  1.5 

-8.5 

.0005 

155 

.00042 

Mar.  9, 1922 

.3365 

9.  754 

9.  660 

+.  09  4 

+3.0 

-7.0 

.0002 

120 

.00033 

Mar.  11, 1922 

.  6118 

48.  784 

48,  482 

+.  302 

+8.0 

-2.0 

.0001 

137 

.00038 

Mar.  17,1922 

.  2504 

10.017 

9.  950 

+.067 

+3.0 

-7.0 

.0001 

5 

.00017 

Mar.  21,1922 

.  1348 

5.  936 

5.  892 

+.044 

0.0 

-7.0 

.0001 

-12 

.  00014 
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The  results  of  several  determinations  of  x  at  various  calorimeter 
temperatures  and  envelope  pressures  are  given  in  Table  1.  The  re¬ 
sults  are  also  shown  in  Figures  5  and  6.  These  results  indicate,  as 
shown  in  Figure  5,  that  at  constant  temperature  a:  is  a  linear  function 
of  the  envelope  pressure  for  pressures  below  0.01  mm  mercury. 
The  increase  in  the  leakage  with  the  envelope  pressure  may  be  inter¬ 
preted  as  an  increase  in  the  gaseous  conduction,  since  the  leakage  by 
other  means  is  but  slightly  affected  by  the  gas  pressure.  The  linear 
relation  shown  in  Figure  5  is  in  accord  with  kinetic  theory,  which 
states  that  gaseous  conduction  is  directly  proportional  to  the  pres¬ 
sure-  of  the  gas  at  low  pressures  where  the  mean  free  path  of  the 
molecules  is  large  compared  with  the  distance  between  the  boundaries 
of  the  conducting  space.  Thus,  at  zero  pressure  the  gaseous  conduc¬ 
tion  may  be  considered  zero  and  the  intercepts  of  th.e  lines  in  Figure 
5  with  the  axis  of  zero  pressure  are  indications  of  the  leakage  by  radia¬ 
tion  and  metallic  conduction.  It  may  be  noted  that  the  leakage  by 


.ooi  .ooa  .006  ,ooa  .otQ  .oil 

Envelope  Pressure  in  mm.  Ha. 

Fig.  5. — Variation  of  thermal  leakage  coefficient,  x,  with  evacuation 


these  paths  is  large  compared  with  the  leakage  by  gaseous  conduction 
in  those  experiments  in  which  the  envelope  pressures  are  below  0.001 
mm  of  mercury. 

The  determinations  of  x,  which  were  made  in  1922  with  the  enve¬ 
lope  pressure  below  0.001  mm  of  mercury,  are  shown  in  Figure  6,  and 
indicate  that  x  is  approximately  a  linear  function  of  the  calorimeter 
temperature.  The  determinations  made  in  1921,  without  observing 
the  envelope  pressure  throughout  the  experiments,  are  also  shown  in 
Figure  6  and  indicate  that  the  gaseous  conduction  was  greater  in 
these  experiments.  It  is  estimated  by  means  of  Figure  5  and  by 
readings  taken  with  the  McLeod  gauge  previous  to  these  experiments 
that  the  envelopes  pressures  were  probably  less  than  0.005  mm  of 
mercury.  A  discussion  of  the  1921  experiments  and  the  reasons  for 
not  observing  the  envelope  pressure  are  given  in  the  next  section. 
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Consideration  has  been  given  thus  far  to  the  evaluation  of  the 
correction  for  thermal  leakage.  We  shall  now  consider  the  method 
of  testing  the  correctness  of  this  evaluation.  The  method  chosen  is 
based  upon  the  assumption  that  the  thermal  leakage  is  independent 
of  the  power  input  and  rate  of  flow  as  long  as  the  temperature  rise  is 
sensibly  constant.  In  other  words,  it  is  assumed  that  the  tempera¬ 
ture  distribution  within  the  calorimeter  is  independent  of  the  power 
input  and  rate  of  flow  under  these  conditions.  There  is  experimental 
evidence  in  support  of  this  assumption,  for  the  indications  of  the 
thermocouples  were  found  to  be  but  slightly  changed  by  doubling 
the  rate  of  flow  and  keeping  the  temperature  rise  constant. 


Fig.  6. — Variation  of  thermal  leakage  coefficient,  x,  with  temperature 

The  principle  of  the  method  was  to  perform  two  or  more  specific 
heat  experiments  at  the  same  temperature  and  pressure  with  approxi¬ 
mately  the  same  temperature  rise,  but  different  power  inputs  and 
different  rates  of  flow. 

The  test  of  the  proper  correction  for  thermal  leakage  is  that  the 
values  of  Cp  obtained  from  these  experiments  shall  be  independent 
of  the  rate  of  flow.  Any  appreciable  outstanding  leakage,  which  is 
not  accounted  for,  will  produce  a  different  percentage  error  in  the 
values  computed  for  the  heat  added  and  consequently  the  resulting 
values  of  Cp  will  vary  with  the  rate  of  flow.  With  very  large  flows 
the  leakage  will  become  negligible  in  comparison  with  the  power 
input.  Thus,  by  plotting  the  values  of  Cp  against  the  reciprocal  of 
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the  rate  of  flow  and  extrapolating  to  infinite  flow,  the  correct  value  of 
Cp  may  be  obtained.  This  method  of  procedure  is  often  called  the 
method  of  extrapolation  to  infinite  flow.  This  method  was  used  in 
the  selection  of  the  empirical  relation  of  equation  (12)  ,  but  the  ulti¬ 
mate  test  of  the  validity  of  the  correction  for  thermal  leakage  was  the 
constancy  of  the  final  result,  Cp,  with  various  rates  of  flow. 

Experiments  were  performed  with  various  rates  of  flow  at  each  of 
the  seven  temperatures  chosen  for  experimentation.  That  the  above 
test  was  satisfied  within  the  limits  of  accidental  error  is  shown  by  the 
results  given  in  Tables  3  and  4.  It  may  be  remarked  incidentally 
that  the  constancy  of  the  values  of  Cp  obtained  from  experiments 
with  different  rates  of  flow  is  a  crucial  test  not  only  of  the  correction 
for  thermal  leakage,  but  also  of  the  Joule-Thomson  correction  for 
pressure  drop. 


Table  2. — Determinations  of  Cp  at  85°  C.  and  1.5  m  of  mercury 


Regu- 

Temp. 

rise 

A  9 

Pressure 

drop 

A  p 

J-T  cor- 

Enve¬ 

lope 

pressure 

Cp 

Recip¬ 

rocal 

Date 

lating 

couples 

N 

Power 

El 

Flow 

F 

rection 

uOAP 

/jCpA9 

Obs. 

Cor. 

of 

flow 

1 

F 

1922 

Watts 

g/sec. 

°C. 

m  Hg 

Joules 

Q  deg 

mm  II g 

Joules 
g  deg. 

Joules 
g  deg. 

sec./g 

Jan.  26 _ 

0.0 

0.  48168 

0.  023159 

9.  242 

-0.  028 

-0.  0232 

0.  0004 

2.  2273 

2.  2251 

43. 18 

Jan.  27 _ 

.  0 

. 84251 

.  038773 

9.  531 

-.067 

-.  0538 

.0008 

2.  2261 

2.  2248 

25.  79 

Feb.  1 . 

.0 

. 21559 

.  010314 

9.  350 

-.008 

-.  0065 

.  0007 

2.  2291 

2.  2241 

96.  96 

Feb.  2 _ 

.0 

. 21280 

.  010315 

9.  224 

-.008 

-. 0066 

.0005 

2.  2300 

2.  2250 

96.  95 

Feb.  3 . 

3.0 

. 73374 

.  033218 

9.  742 

-.053 

-. 0425 

.0002 

2.  2249 

2.  2255 

30.  10 

Do.... 

3.0 

.  22917 

.  010423 

9.  864 

-.008 

-.0064 

.0002 

2.  2231 

2.  2257 

95.  90 

As  an  example  of  the  information  furnished  by  experiments  with 
different  rates  of  flow,  the  results  of  several  such  experiments  are 
given  in  Table  2.  These  experiments  were  performed  at  a  mean 
temperature  of  35°  and  a  pressure  of  1.5  m  of  mercury  with  approxi¬ 
mately  10°  temperature  rises.  The  apparent  or  observed  values  of 
Cp  are  plotted  in  Figure  7  against  the  reciprocal  of  the  flow.  In  the 
first  series  of  experiments  the  indication  of  the  regulating  thermo¬ 
couples  was  made  zero  (N=  0).  The  results  indicated  that  a  small 
quantity  of  heat  was  lost  from  the  system,  amounting  to  about  0.2 
per  cent  of  the  heat  supplied  electrically  at  the  lowest  rate  of  flow. 
Two  experiments  were  then  performed  with  a  regulating  thermocouple 
indication  of  3  mv  (N=  3)  in  order  to  compensate  for  this  heat  loss. 
As  shown  graphically  in  Figure  7,  these  experiments  indicated  a 
slight  overcompensation.  Correcting  all  of  the  experiments  to  N=  2 
gave  values  of  Cp,  which  were  constant  within  a  few  hundredths  of  a 
per  cent.  These  experiments,  together  with  others  in  which  the  tem¬ 
perature  rises  were  approximately  5  and  50°,  led  to  the  selection  of 
the  empirical  relation  given  by  equation  (12). 
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5.  PRELIMINARY  EXPERIMENTS  ON  Cp 

In  the  series  of  experiments  on  specific  heat  performed  in  1921 
the  importance  of  systematic  control  and  observation  of  the  residual 
envelope  pressure  was  not  recognized.  Attempts  to  evaluate  the 
thermal  leakage  correction  in  these  experiments  led  to  the  installation 
of  an  additional  vacuum  pump  and  McLeod  gauge  in  January,  1922, 
in  order  to  obtain  continuous  service  in  the  control  and  measurement 
of  the  envelope  pressure. 

During  the  progress  of  the  final  experimental  series  in  1922  (see 
Table  3)  it  was  conclusively  demonstrated  that  in  order  to  evaluate 
the  thermal  leakage  correction  accurately  it  was  necessary  not  only 


Fig.  7. — Variation  of  apparent  specific  heat  with  rate  of  flow,  F,  and  thermocouple 

indication,  N 

to  employ  a  certain  degree  of  evacuation  in  the  envelope  space,  but 
also  to  determine  and  control  the  constancy  of  the  pressure  therein. 

Most  of  the  1921  experiments  were  made  with  small  rates  of  flow 
in  order  to  study  the  behavior  of  the  various  instruments  more 
easily  and  also  to  acquire  experience  in  manipulation.  On  account 
of  the  small  rates  of  flow  and  the  relatively  high  and  indefinite  pres¬ 
sure  in  the  envelope  space,  the  correction  for  thermal  leakage  was 
comparatively  large  and  also  uncertain.  The  results  are,  therefore, 
not  as  reliable  as  those  obtained  in  the  later  series  of  experiments. 
The  results  are  given  as  a  matter  of  record  in  Table  5,  but  they  have 
been  excluded  from  the  list  of  accredited  determinations  and  no 
weight  given  to  them  in  the  final  results. 
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6.  EXPERIMENTS  NEAR  SATURATION 

On  account  of  the  rapid  increase  in  the  value  of  Cp  in  the  neighbor¬ 
hood  of  the  saturation  limit,  several  experiments  were  made  in  which 
the  aim  was  to  approach  this  boundary  as  closely  as  could  be  done 
safely.  The  danger  in  these  experiments,  of  course,  is  the  possibility 
of  liquefaction  taking  place  in  the  calorimeter  and  the  uncertainty  as 
to  the  result  of  such  an  occurrence. 

In  order  to  investigate  what  would  happen  in  close  proximity  to 
saturation,  an  experiment  was  made  on  November  16,  1921,  in  which 
the  calorimeter  bath  temperature  was  —5°  C.,  and  the  pressure 
corresponded  to  2°  of  superheat.  No  peculiarity  in  behavior  was 
observed  in  any  respect,  and  two  complete  determinations  of  Cp  were 
obtained.  After  completing  these  determinations  the  pressure  in 
the  calorimeter  was  increased  gradually,  noting  meanwhile  the 
indications  of  the  thermometers.  When  the  pressure  reached  a  value 
corresponding  to  0.8°  superheat,  thermometer  T\  began  to  show 
slight  fluctuations  in  temperature.  These  fluctuations  increased  as 
the  pressure  was  raised  until  they  became  so  large  as  to  preclude 
reliable  observations.  The  trend  of  this  fluctuating  temperature  was 
upward  as  the  pressure  was  raised.  Upon  stopping  the  flow  the 
temperature  promptly  dropped  several  degrees,  just  as  it  would  if 
liquid  ammonia  were  present  in  that  thermometer  cell. 

On  the  following  day  it  was  found  that  the  calorimeter  heater 
had  developed  a  short  circuit  to  its  case.  A  plausible  explanation 
was  that  a  small  particle  of  conducting  material,  such  as  a  metal  chip, 
had  lodged  between  the  coil  windings  and  the  case.  This  mishap 
did  not  preclude  the  use  of  the  instrument,  as  the  resistance  of  the 
heating  coil  still  remained  constant,  but  it  was  necessary  to  avoid 
grounding  any  other  part  of  the  heating  circuit.  Later  on  the  fault 
disappeared.  On  November  18,  1921,  two  additional  experiments 
with  2°  of  superheat  were  successfully  made. 

The  foregoing  experiments  demonstrated  that  too  close  approach 
to  the  saturation  limit  caused  pronounced  manifestations  of  unsteadi¬ 
ness,  and  it  was  inferred  that  the  appearance  of  unsteadiness  marked 
the  danger  point  in  approach  to  saturation.  The  observations  taken 
with  2°  of  superheat  were  believed  to  be  far  enough  removed  from 
this  danger  point  to  be  reliable. 

On  February  13,  1922,  two  experiments  were  made  with  about  20 
atmospheres  pressure  and  approximately  3°  of  superheat.  The 
temperature  rise  in  these  experiments  was  about  5°,  and  the  agree¬ 
ment  in  the  results  was  remarkably  good.  The  time  interval  covered 
in  these  experiments  was  about  two  hours,  and  the  measuring  in¬ 
struments  indicated  very  steady  conditions. 

On  March  28,  1922,  an  experiment  was  made  with  0.9°  superheat. 
In  this  experiment  fluctuations  of  about  0.01°  were  observed  in 
thermometer  T\.  After  completing  the  various  measurements,  an 
attempt  was  made  to  reduce  the  rate  of  flow  and  obtain  a  check 
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Table  3. — Calorimeter  data  on  CD 


[  Vol.  SO 


Date 

Mean 

tempera- 

ature 

0m 

Temper¬ 

ature 

rise 

A  0 

Final 

pressure 

Pi 

Pressure 

drop 

—A  p 

Rate  of 
flow 

F 

Power 

El 

Thermal 

leakage 

(N — O.2A0)x 

Num¬ 
ber  of 
deter¬ 
mina¬ 
tions 

1922 

°c. 

°c. 

m  Hg 

m  Hg 

g/sec. 

Watts 

Watts 

Jan.  24, _  .  - 

34.99 

9.376 

1.495 

0. 0080 

0.  010242 

0.  21462 

-0.00046 

1 

Jan.  26 . 

35.  03 

9.386 

1.500 

.0078 

. 010226 

.21450 

-. 00050 

2 

Do _ 

34.92 

9.  242 

1.501 

.0280 

. 023158 

. 48161 

-.00043 

2 

Jan.  27... . . 

35.00 

9.  532 

1.498 

.0670 

.  038773 

. 84253 

-.00049 

1 

Feb.  1 _ 

34.  97 

9.  350 

1.  500 

.0075 

.  010314 

.  21559 

-.00052 

2 

Feb. 2 _ 

34.93 

9.225 

1.498 

.0080 

.  010315 

.21280 

-. 00050 

1 

Feb.  3 _ _ 

35.08 

9.  742 

1.501 

.0528 

.  033218 

. 73374 

+.  00026 

1 

Do _ _ 

35.  23 

9.869 

1.498 

.0078 

.  010428 

. 22929 

+.  00026 

2 

Feb.  6 _ _ 

35.  21 

9.  876 

t.  308 

.0385 

.  035915 

.82538 

+.  00026 

1 

Do _ _ 

35.32 

10.002 

2.  306 

.0100 

.  016162 

.37228 

+. 00026 

1 

Feb.  7 . . . 

35.  12 

9.  654 

4.054 

.0049 

.  016214 

.38780 

+. 00026 

1 

Do . . 

36.08 

9.  564 

4.053 

.0049 

.  016303 

.38608 

+.  00026 

1 

Feb.  8 _ _ _ 

35.  17 

9.  931 

7.  110 

.0035 

. 015906 

. 45312 

+.  00026 

1 

Do _ _ 

35.  11 

9.813 

7.  115 

.0035 

. 016082 

.45294 

+.  00026 

1 

Feb.  9 _  _ 

55.08 

10.009 

2.290 

.0395 

. 034386 

.79000 

+.  00028 

1 

Do _ 

55.  02 

9.  800 

2.  288 

.0105 

. 015822 

. 35275 

+.  00028 

1 

Do . . 

55.01 

9.  772 

2.  291 

.0105 

.015851 

.35238 

+.  00028 

1 

Feb.  10 _ 

55.  06 

9.  906 

3.  969 

.0045 

. 015805 

.37338 

+.  00028 

2 

I)o _ 

55.  10 

9.  981 

7.  063 

.0020 

.  015976 

.  41826 

+.  00028 

2 

Feb.  11 _ 

55.  04 

9.  729 

10.  391 

.0022 

.015118 

.  43471 

+. 00028 

1 

Do _ 

55.  06 

9.  763 

10.  392 

.0022 

.  015078 

.43444 

+. 00028 

1 

Feb.  13 _ 

54.94 

4.  714 

15.  106 

.0018 

.  016368 

.27822 

+.00015 

1 

Do . . 

54.97 

4.  773 

15.  105 

.0018 

.016175 

.  27816 

+.  00015 

1 

Feb.  14 _ 

54.93 

4.  694 

1.  503 

.0290 

. 022252 

.23613 

+.00013 

1 

Do.. . . 

54.96 

4.  707 

1.  505 

.0080 

.  010505 

.  11034 

+.00015 

2 

Feb.  15  _ 

75.31 

10.  332 

1.  498 

.0287 

.021529 

.50044 

+.  00031 

2 

Do _ 

75.31 

10.  257 

1.498 

.0083 

.010159 

.  23310 

+.  00029 

2 

Feb.  16 _ 

74.  97 

9.  926 

7.  094 

.0105 

. 027897 

. 69682 

+.  00030 

2 

Do _ 

74.91 

9.  757 

7.098 

.0030 

.015206 

. 37297 

+.  00032 

1 

Feb.  17 _ 

75.  03 

5.029 

15.  073 

.0134 

.  061750 

.96117 

+. 00015 

2 

Feb.  18. _ _ 

75.  18 

10.  258 

15.  066 

.0013 

. 014450 

.  45553 

+. 00029 

2 

Do _ 

75.  08 

9.999 

10.  419 

.0020 

.  015370 

.41710 

+.  00030 

2 

Feb.  20 _ 

115.  29 

10.  234 

1.498 

.0098 

.009605 

.22446 

+.  00046 

2 

Do _ 

115.  26 

10.  213 

7.  101 

.0091 

.  026055 

. 64886 

+.  00036 

2 

Feb.  24 _ 

114.  92 

9.  583 

10.  408 

.0075 

.  028772 

. 70052 

+.00048 

1 

Feb.  25 _ 

115.  06 

9.  166 

7.  103 

.0064 

.  017632 

. 39397 

+. 00043 

1 

Feb.  27 _ 

114.  91 

9.  699 

15.  069 

.0033 

.  026437 

.  69227 

+.  00038 

3 

Do _ 

114.70 

9.  258 

10.  400 

.0037 

.017906 

.  42065 

+.  00042 

2 

Feb.  28 _ 

149.  99 

9.  894 

2.  300 

.  0260 

.  021983 

. 51240 

+.00080 

2 

Do.. . 

150.  06 

9.  963 

2.300 

.0053 

.  007815 

. 18232 

+.00068 

3 

Mar.  2 _ 

150.  03 

9.  899 

2.299 

.0048 

.  007808 

.  18144 

+. 00048 

2 

Do _ 

150.01 

9.876 

2.  302 

.0261 

.  022018 

.51281 

+. 00042 

2 

Mar.  3 . .  ... 

150.  05 

9.  941 

4.  030 

.0063 

.013890 

.32960 

-.00021 

3 

Do _ 

150.  07 

9.  981 

7.  105 

.0027 

.011492 

.28023 

-.00020 

2 

Do . . 

149.  97 

9.915 

10.  408 

.0040 

. 016862 

.  41913 

-.00021 

2 

Mar.  4  ... 

150.00 

9.  894 

15.  056 

.0040 

.  024902 

.64250 

-.00021 

2 

Do _ 

150.  07 

8.  062 

15.  051 

.0185 

.  053977 

1.  13722 

-.  00026 

l 

Mar.  6. 

150.  06 

9.  742 

1.  502 

.0101 

.  009240 

.  21122 

-.00019 

2 

Do _ 

150.  05 

9.  752 

10.  386 

.  0040 

.  018431 

. 45076 

-.00019 

2 

Mar.  7  . . 

150.00 

9.  862 

0.  376 

.0273 

.  007727 

.  17757 

-.00020 

2 

Do _ 

150.  01 

8.  025 

15.049 

.0185 

.  054030 

1.  13194 

-.  00025 

1 

Mar.  9  _ 

115.  02 

9.715 

0.380 

.0277 

.008281 

. 18222 

+. 00036 

2 

Do _ 

114.97 

9.714 

4.054 

.0387 

.041328 

. 94935 

+.00036 

2 

Do _ 

115.  03 

9.  750 

4.049 

.0065 

. 014666 

. 33644 

+. 00036 

2 

Mar.  10 _ 

75.  02 

9.884 

0.  377 

.0270 

.  008789 

.  19157 

+. 00030 

2 

Do _ 

75.  07 

9.  969 

4.037 

.0057 

.  015635 

.  36721 

+. 00030 

2 

Mar.  11..  _ 

93.  19 

10.  071 

15.  050 

.0056 

.  028890 

. 82798 

+. 00032 

2 

Do _ 

112.90 

48.  743 

1.498 

.0096 

.  010022 

1.  11540 

-.00067 

2 

Do _ 

113.  02 

48.  787 

1.  501 

.0043 

.  005484 

.61238 

-.00067 

2 

Mar.  17 _ 

-0.03 

9.917 

2.300 

.0225 

.  028313 

. 70683 

+. 00018 

2 

Do _ 

+0.06 

10.  015 

2.  301 

.0036 

.010044 

. 25036 

+.  00021 

2 

Mar.  20. . . 

0.01 

9.804 

0.  380 

.0235 

.010075 

.21166 

-.  00034 

2 

Do . . . 

0.  12 

10.  037 

1.  .501 

.0148 

.018215 

.42602 

-.00035 

2 

Mar.  21.  _ 

-15.  13 

5.937 

0.382 

.0230 

.  010435 

. 13484 

-.00017 

2 
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Table  4. — Calculation  of  CD 


Date 

0„ 

Pi 

>|> 

MaI 

Cdi  Cp“j  A 02 

I  del  24 

•—  —p20m 

tCplP20m 

CP 

Empirical 

equation 

Deviation 

obs.-calc. 

1922 

°C. 

m  Hg 

Joules 

Joules 

Joules 

Joules 

Joules 

Per  cent 

g  deg. 

g  deg. 

g  deg. 

g  deg. 

g  deg. 

Jan.  24 _ 

34.99 

1.495 

2.  2302 

-0.0066 

0. 0002 

2.  2234 

2.  2233 

+0.00 

Jan. 26_ . 

35.03 

1.  500 

2.  2296 

-.0064 

.0002 

2.  2230 

2.  2237 

-.03 

Do . 

34.  92 

1.  501 

2.  2482 

-.  0234 

.0002 

2.  2246 

2.  2239 

+.  03 

Jan.  27 _ _ 

35.  00 

1.498 

2.  2783 

-.  0541 

.0002 

2.  2240 

2.  2235 

+.  02 

Feb.  1- . 

34.  97 

1.500 

2.  2302 

-.0062 

.0002 

2.  2238 

2.  2237 

+.00 

Feb.  2 . . 

34.  93 

1.  498 

2.  2311 

-.0067 

.0002 

2.  2242 

2.  2236 

+.03 

Feb.  3— . 

35.  08 

1.  501 

2.  2681 

-.0418 

.0002 

2.  2261 

2.  2237 

+.11 

Do . 

35.  23 

1.498 

2.  2305 

-.  C061 

.0002 

2.  2242 

2.  2234 

+.04 

Feb.  6 _ 

35.  21 

2.  308 

2.  3277 

-.  0311 

.0005 

2.  2961 

2.  2953 

+.03 

Do . . 

35.  32 

2.  306 

2.  3046 

-.0080 

.0005 

2.  2961 

2.  2949 

+.05 

Feb.  7 . . . 

35.  12 

4.054 

2.  4791 

-.  0043 

.0010 

2.  4738 

2.  4741 

-.01 

Do.... . 

35.  08 

4.  053 

2.  4778 

-.  0043 

.0010 

2.  4725 

2.  4742 

-.07 

Feb  8 _ _ 

35.  17 

7.  110 

2.  8702 

-.  0034 

.0026 

2.  8642 

2.  8659 

-.06 

Do... . 

35.  1 1 

7.  115 

2.  8718 

-.0035 

.0026 

2.  8657 

2.  8676 

-.  07 

Feb.  9 . . . 

55.  08 

2.  290 

2.  2962 

-. 0247 

.0002 

2.  2713 

2.  2704 

+.  04 

Do _ _ 

55.  02 

2.  288 

2.  2768 

-. 0067 

.0002 

2.  2699 

2.  2703 

-.02 

Do. . 

55.01 

2.  291 

2.  2768 

-. 0067 

.0002 

2.2699 

2.  2705 

-.  03 

Feb. 10 . 

55.  06 

3.  969 

2.  3866 

-. 0030 

.0005 

2.  3831 

2.  3820 

+.  05 

Do . . .. 

55.  10 

7.  063 

2.  6248 

-.0014 

.0012 

2.  6222 

2.  6246 

-.  09 

Feb.  11 . . 

55.  04 

10.  391 

2.  9574 

-. 0018 

.0024 

2.  9532 

2.  9489 

+.  15 

Do . . 

55.  06 

10.  392 

2.  9512 

-.0018 

.0024 

2.  9470 

2.  9487 

-.06 

Feb.  13 . . 

54.  94 

15.  106 

3.  6078 

-. 0035 

.0014 

3.  6029 

3.  6085 

-.  16 

Do. . . 

54.  97 

15. 105 

3.  6049 

-.0035 

.0014 

3.  6000 

3.  6071 

-.20 

Feb.  14 _ 

54.93 

1.  503 

2.  2619 

-. 0370 

.0000 

2.  2249 

2.  2229 

+.09 

Do . 

54.  96 

1.  505 

2.  2345 

-. 0102 

.0000 

2.  2243 

2.  2230 

+.06 

Feb.  15. . . 

75.31 

1.  498 

2.  2512 

-.0140 

.0001 

2.  2371 

2.  2364 

+.03 

Do_ . . 

75.  31 

1.  498 

2.  2398 

-.0041 

.0001 

2.  2357 

2.  2364 

-.03 

Feb.  16 . . . 

74.  97 

7.094 

2.  5175 

-.0059 

.0006 

2.  5110 

2.  5134 

-.  10 

Do . . 

74.91 

7.  098 

2.  5160 

-.0017 

.0006 

2.  5137 

2.  5142 

-.  02 

Feb.  17 _ 

75.  03 

15.  073 

3.  0956 

-. 0177 

.0007 

3.  0772 

3.  0767 

+.  02 

Feb.  18 . . 

75.  18 

15.  066 

3.  0751 

-. 0008 

.0028 

3.  0715 

3.  0734 

-.06 

Do . 

75.  08 

10.419 

2.  7160 

-. 0012 

.0011 

2.  7137 

2.  7153 

-.06 

Feb.  20 _ _ 

115.  29 

1.498 

2.  2882 

-.  0035 

.0000 

2.  2847 

2.  2847 

+.00 

Do . . 

115.26 

7.  101 

2.  4398 

-.0034 

.0002 

2.  4362 

2.  4381 

-.08 

Feb.  24 . 

114.  92 

10.  408 

2.  5424 

-.0031 

.0003 

2.  5390 

2.  5388 

+.01 

Feb.  25 _ 

115.  06 

7.  103 

2.  4404 

-.0026 

.0002 

2.  4376 

2.  4382 

-.  02 

Feb.  27 _ 

114.91 

15.  069 

2.  7013 

-.0013 

.0006 

2.  6994 

2.  6962 

+.12 

Do _ _ 

114.  70 

10.  400 

2.  5400 

-.0015 

.0003 

2.  5382 

2.  5390 

-.03 

Feb.  28 . 

149.  99 

2.  300 

2.  3595 

-.  0075 

.0000 

2.  3520 

2.  3542 

-.09 

Do . . 

150.06 

2.300 

2.  3503 

-. 0015 

.0000 

2.3488 

2.3543 

-.23 

Max.  2. . 

150.  03 

2.  299 

2.  3537 

-.0014 

.0000 

2.3523 

2.  3542 

-.08 

Do . . 

150.  01 

2.  302 

2.  3602 

-.0075 

.0000 

2.  3527 

2.  3543 

-.07 

Mar.  3 . 

150.  05 

4.030 

2.  3855 

-.0018 

.0000 

2.3837 

2.  3853 

-.  07 

Do . . . 

150.  07 

7.  105 

2.  4414 

-.0008 

.0001 

2.  4405 

2.  4421 

-.07 

Do . . 

149.  97 

10.  408 

2.  5057 

-.  0012 

.0001 

2.  5044 

2.  5057 

-.  05 

Mar.  4 . . 

150.00 

15.  056 

2.6069 

-.0012 

.0002 

2.6055 

2.  5999 

+.21 

Do . 

150.  07 

15.  051 

2.  6127 

-.0069 

.0002 

2.  6056 

2.  5997 

+.  23 

Mar.  6 . 

150.06 

1.  502 

2.  3444 

-.0030 

.0000 

2.  3414 

2.  3402 

+.  05 

Do . 

150.  05 

10.  386 

2.  5068 

-. 0012 

.0001 

2.  5055 

2.  5052 

+.01 

Mar  7 _ _ 

150.  00 

0.  376 

2.  3276 

-.0079 

.0000 

2.  3197 

2.  3205 

-.03 

Do . 

150.  01 

15.  049 

2.6100 

-.0069 

.0002 

2.  6029 

2.  5997 

+.  12 

Mar.  9.  _ 

115.  02 

0.  380 

2.  2695 

-. 0103 

.0000 

2.  2592 

2.  2565 

+.12 

Do . 

114.  97 

4.  054 

2.  3656 

-.0147 

.0001 

2.  3508 

2.  3521 

-.  06 

Do . . 

115.  03 

4.  049 

2.  3547 

-.0025 

.0001 

2.  3521 

2.  3520 

+.00 

Mar.  10 . . 

75.02 

0.  377 

2.2087 

-.  0135 

.0000 

2.  1952 

2.  1896 

+.26 

Do . 

75.  07 

4.  037 

2.  3579 

-.0030 

.0003 

2.3546 

2.3523 

+.  10 

Mar.  11 _ 

93.  19 

15.  050 

2.  8473 

-.0029 

.0013 

2.  8431 

2.  8408 

+.08 

Do . . 

112.  90 

1.  498 

2.2819 

-.0009 

.0010 

2.  2800 

2.2816 

-.07 

Do . 

113.  02 

1.  501 

2.2864 

-.  0004 

.0010 

2.  2850 

2.  2819 

+.  14 

Mar.  17_ . 

-0.03 

2.300 

2.5180 

-.  0314 

.0020 

2.  4846 

2.  4861 

-.  06 

Do . 

+0.06 

2.301 

2.  4910 

-.0050 

.0021 

2.4839 

2.  4854 

-.06 

Mar.  20 . . 

0.01 

0.380 

2.  1394 

-. 0272 

.0002 

2.  1120 

2.  1115 

+.02 

Do . 

0.  12 

1.  501 

2.3283 

-.0187 

.  0011 

2.  3085 

2.  3097 

-.05 

Mar.  21. . . . 

-15.  13 

0.  382 

2.  1738 

-.  0550 

.0002 

2.  1186 

2.  1191 

-.02 
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determination  with  a  smaller  flow.  Upon  this  occasion  good  addi¬ 
tional  evidence  was  obtained  of  the  presence  of  liquid  within  the 
calorimeter..  The  result  obtained  in  the  preceeding  experiment 
was,  therefore,  open  to  considerable  doubt,  and  as  a  consequence  it 
has  been  excluded  from  the  list  of  accredited  determinations. 

It  is  of  interest  to  consider  how  we  may  explain  the  apparently 
anomalous  phenomenon  of  liquefaction  when  the  indicated  tempera¬ 
ture  and  pressure  corresponded  to  superheated  vapor.  On  account 
of  the  precautions  to  prevent  entrained  wetness  in  the  vapor  supply 
delivered  to  the  calorimeter  it  seems  certain  that  whatever  liquid 
appeared  in  the  calorimeter  was  formed  during  the  approach  of  the 
ammonia  to  thermometer  cell  Tv 

In  the  passage  from  the  calorimeter  bath  to  thermometer  cell,  Tt, 
the  vapor  experiences  a  moderate  pressure  drop,  but  has  little  oppor¬ 
tunity  to  absorb  heat.  It  is  plausible  that  the  cooling  effect  of  this 
pressure  drop  accentuated  by  regenerative  back  conduction  of  heat 
may  have  cooled  part  of  the  ammonia  stream  down  to  the  tempera¬ 
ture  of  liquefaction,  and  that  the  entrained  liquid  was  carried  on 
mechanically  for  some  distance  within  the  calorimeter  before  equi¬ 
librium  could  again  be  established. 

This  speculation  is  supported  by  the  fact  that  indications  of  the 
presence  of  liquid  were  fairly  abrupt  upon  close  approach  to  the 
saturation  limit,  and  tends  to  strengthen  the  belief  that  for  the 
experiments  where  no  irregularities  were  observed,  the  ammonia 
entering  the  calorimeter  system  was  homogeneous  superheated  vapor. 

Apart  from  casting  doubt  on  this  critical  experiment  of  March  28, 
the  effect  of  crowding  the  conditions  too  far  was  disastrous  for  it  was 
found  on  the  following  day  that  the  calorimeter  heating  coil  was 
short  circuited  between  windings  producing  a  variable  resistance  in 
that  coil.  In  an  attempt  to  remove  the  cause  of  this  short  circuit 
by  excessive  heating  of  the  coil,  a  leak  developed  in  one  of  the  soldered 
joints  rendering  the  calorimeter  unsuitable  for  further  experimenta¬ 
tion.  Enough  experimental  data  had  already  been  obtained  to 
establish  a  formula  for  the  specific  heat  of  the  superheated  vapor  in  the 
region  of  greatest  importance,  and  so  this  unexpected  termination  of 
the  series  was  accepted  with  resignation. 

VI.  RESULTS  OF  MEASUREMENTS 
1.  CALORIMETRIC  DATA 

The  data  obtained  from  the  calorimetric  measurements  of  the 
specific  heat  are  given  in  Table  3.  The  values  given  in  each  column 
represent,  in  most  cases,  average  values  obtained  from  several 
readings  which  were  made  during  a  determination  of  the  rate  of 
flow.  When  successive  or  duplicate  experiments  were  made,  only 
the  averages  of  the  various  readings  are  given.  The  various  observa¬ 
tions  taken  during  a  single  flow  measurement  constituted  a  com¬ 
plete  determination. 
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The  results  of  all  the  accredited  experiments  are  included  in  Table 
3.  Except  for  one  experiment  very  close  to  the  saturation  limit, 
Table  3  contains  the  results  of  all  the  complete  experiments  performed 
in  1922.  The  data  obtained  in  the  experiments  of  1921,  all  of  which 
were  discredited  on  account  of  the  uncertainty  of  the  thermal  leakage 
correction,  are  given  in  Table  5.  This  table  also  contains  the  com¬ 
putations  of  the  specific  heat  from  those  data.  In  the  last  experi¬ 
ment  performed  in  1922,  the  results  of  which  are  also  given  in  Table 
5,  the  initial  pressure  and  temperature  were  so  close  to  the  saturation 
limit  that  the  results  are  considered  doubtful. 

The  results  of  all  the  measurements  on  the  Joule- Thomson  coef¬ 
ficient,  n,  are  given  in  Table  6.  The  values  given  for  A p,  Ad,  and 
N  are  the  averages  of  several  readings.  The  rate  of  flow  was  not 
measured  in  these  experiments  at  the  time  the  other  readings  were 
made.  It  was  held  sensibly  constant  and  measured,  in  several 
instances,  during  the  specific  heat  experiment  which  followed.  The 
values  designated  “Flow  not  measured”  were  estimated  from  the 
observed  fore  pressure  and  the  calibration  of  the  particular  orifice 
or  orifices  used. 

The  scale  of  temperature  used  in  the  measurements  given  in  this 
paper  is  the  scale  defined  by  the  resistance  thermometer  of  pure 
platinum,  standardized  at  the  temperatures  of  melting  ice  (0°C.), 
condensing  steam  (100°C.),  and  condensing  sulphur  vapor  (444. 6°C.), 
all  at  standard  atmospheric  pressure  (760  mm  of  mercury  at  0°C.  and 
standard  gravity).  Using  the  Callendar  equation 


100+4  ( iro-Oiro 


as  an  interpolation  equation,  the  scale  so  defined  represents  the 
thermodynamic  scale  in  the  interval  —40  to  +450°C.  to  the  accuracy 
with  which  that  scale  is  at  present  known.  Temperatures  on  the 
absolute  thermodynamic  scale  are  obtained  by  adding  273.1°  to  the 
measured  temperature. 

All  of  the  pressure  measurements  have  been  reduced  to  meters 
of  mercury  at  0°C.  and  at  standard  gravity  67  =  980.665). 14  The 
value  of  g  in  this  laboratory  is  980.091,  based  upon  a  determination 
made  by  the  United  States  Coast  and  Geodetic  Survey  in  1910. 15 

The  fundamental  heat  unit  used  in  these  measurements  is  the 

Q  E2 

international  joule,  defined  by  the  relation  ~=  ^  where  Q  is  the  num¬ 
ber  of  joules  transformed  into  heat  in  a  given  electric  circuit  in  t 
seconds,  E  is  the  number  of  volts  potential  drop,  and  R  is  the  number 


14  This  value  was  adopted  by  the  International  Committee  on  Weights  and  Measures  in  1901.  (Travaui 
et  Mf  moires  du  Bur.  Int.,  third  general  conference,  p  66;  1902). 

14  B.  S.  Bulletin,  8,  p.  363;  1912  (Sci.  Paper  No.  171). 
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of  ohms  resistance;  taking  1  volt  =  —  j X  emf  of  mean  Weston 

1.  UloovJ 

normal  cell  at  20°,  and  1  ohm  =  resistance  at  0°  C.  of  106.300  cm 
mercury  column  of  constant  cross-sectional  area  and  14.  4521  in  mass. 
The  difference  between  the  international  joule,  realized  thus,  and  the 
absolute  joule  is  about  1  part  in  3,000,  according  to  Bureau  of  Stand¬ 
ards  Circular  No.  60,  2d  edition  (1920).  The  ampere  is  used  only  as 

E 

an  intermediary  unit,  being  determined  by  the  relation  7=~-  As  a 

secondary  heat  unit  the  20°  calorie,  defined  as  4.183  international 
joules,  has  been  used  in  the  table  given  in  the  appendix. 


Table  5. — Discredited  experiments 


Date 

Mean 

temper 

ature 

— Bta 

Temper¬ 

ature 

rise 

A  0 

Final 

pressure 

Pi 

Pressure 

drop 

—A  p 

Rate  of 
flow 

F 

Power 

El 

Thermal 

leakage 

(N-O.2A0)  x 

Num¬ 
ber  of 
deter¬ 
mina¬ 
tions 

1921 

°C. 

°C. 

m  Hg 

m  Hg 

g/sec. 

Watts 

Watts 

Nov.  8 _ _  --- 

35.75 

10.  997 

1.736 

0. 0090 

0.  012775 

0.  31596 

-0.  00062 

1 

Do . . 

35.  40 

10.  359 

1.744 

.0320 

.  026875 

.63181 

-. 00081 

1 

Nov.  11 _ _ 

35. 14 

9.382 

2.135 

.0045 

.008681 

.18636 

-.  00062 

2 

Nov.  14_  _ _  -  - 

34.  91 

9.  467 

2.076 

.0210 

. 023695 

. 51414 

-.00061 

1 

Do _ _ 

32.58 

4.865 

2.076 

.0210 

.  023695 

.26651 

-.00036 

1 

Nov.  16-.- . . 

+0.02 

9.  762 

2.450 

.0080 

.  017215 

.42637 

-.  00054 

1 

Do _ 

+0.02 

9.  739 

2.454 

.0070 

.  017265 

.42641 

-.00054 

1 

Nov.  18 _  -- 

-0.33 

9.  069 

2.  453 

.0100 

.  018813 

.43398 

-.00049 

1 

Do _ 

+0.28 

10.  255 

2.  452 

.0110 

.018818 

. 48950 

-.00047 

1 

Nov.  21 _ 

15. 10 

9.802 

1.474 

.0030 

.  006168 

.  13690 

-.  00065 

1 

Nov.  22 _ 

15.  55 

10.  724 

1. 101 

.0015 

.004567 

.  10872 

-.00065 

2 

Nov.  23 _ 

17.  18 

14.  050 

1.476 

.0025 

.006183 

. 19597 

-.  00087 

1 

Do _ 

15.  08 

9.815 

2.538 

.0050 

.  010812 

.25570 

-.00060 

2 

Nov.  25 _ 

55.  80 

11.  120 

1.209 

.0040 

.  004672 

. 11535 

-.00072 

1 

Do . . 

55.89 

11.  329 

2.491 

.0040 

.009815 

.25446 

-.00081 

1 

Nov.  26 _ 

-15.37 

8.899 

1. 198 

.0025 

.  005308 

. 11093 

-.00044 

1 

Do . . . 

-15.06 

9.  455 

1.  198 

.0025 

.  005315 

.  11774 

-.00044 

1 

Nov.  28 _ 

55.50 

5.804 

1.  196 

.0035 

.004578 

.  05920 

-. 00042 

1 

Do _ _ 

55.80 

6.381 

1.  196 

.0035 

.004600 

.06529 

-. 00046 

1 

Nov.  29 _ _ 

0.36 

10.  014 

1.  188 

.0020 

.005117 

.  11564 

-.00054 

1 

Nov.  30 _ 

0.  30 

9.  966 

1.  190 

.0030 

.  005108 

.  11520 

-.00060 

1 

Do _ 

0.31 

10.  025 

1.889 

.0030 

.008241 

.  19795 

-.00054 

1 

Do.. . . 

0.  19 

9.  798 

1.889 

.0030 

.  008240 

.  19354 

-.00050 

1 

Dec.  1 _ _ 

34.  90 

9.  453 

1.098 

.0025 

.004392 

.09177 

-.00060 

2 

Do _ 

34.  76 

9. 164 

2.492 

.0035 

.  010218 

.  21758 

-.00058 

2 

Dee.  2 _ _ 

34.07 

7.  905 

1.  457 

.0400 

.  028142 

.50280 

-. 00052 

1 

Do... . . 

34.  15 

7.  923 

1.474 

.0030 

.005924 

.  1051 1 

-. 00052 

1 

Dec.  3 . . . 

34.  17 

7.946 

1.465 

.0030 

.005909 

.  10539 

-.00052 

1 

Do . — . . 

34.  15 

7.  918 

1.465 

.0070 

.009788 

.  17337 

-.00052 

1 

1922 

Mar.  28 _ 

-15.00 

6.012 

1.484 

.0140 

. 017395 

.25957 

-.00000 

2 
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Table  5. — Discredited  experiments — Continued 


Date 

0m 

Pi 

A  q 
\d 

r 

L  -lpm01 

pCpl  A02 
ddi  24 

L  -Jp20m 

^CpWm 

cP 

Empirical 

equation 

Devi¬ 

ation 

obs.- 

calc 

1921 

°c. 

m  Hg 

Joules 
g  deg. 

Joules 
g  deg. 

Joules 
g  deg. 

Joules 
g  deg. 

Joules 
g  deg. 

Per¬ 

cent 

Nov.  8 . 

35.  75 

1.  736 

2.  2446 

-0.  0064 

0.  0004 

2.  2378 

2.  2434 

-0.  25 

Do . 

35.  40 

1.744 

2.  2665 

-. 0240 

.0004 

2.  2421 

2.  2444 

-.  10 

Nov.  11 . .  .. 

35.  14 

2.  135 

2.  2806 

-. 0038 

.0004 

2.  2764 

2.  2793 

-.  13 

Nov.  14  __  .  _  __ 

34.91 

2.  076 

2.  2893 

-.0175 

.0004 

2.  2714 

2.  2746 

-.  14 

Do _ 

32.  58 

2.  076 

2.  3088 

-. 0340 

.0001 

2.  2747 

2.2700 

+.21 

Nov.  16 . 

+0.02 

2.  450 

2.  5339 

-.0115 

.0021 

2.  5203 

2.  5216 

-.05 

Do . 

+0.  02 

2.  454 

2.  5328 

-.0101 

.0021 

2.  5206 

2.  5226 

-.08 

Nov.  18 . . 

-0.33 

2.  453 

2.  5407 

-.0155 

.0019 

2.  5233 

2.  5263 

-.  12 

Do . . 

+0.28 

2.452 

2.  5341 

-.0151 

.0024 

2.  5166 

2.  5188 

-.09 

Nov.  21  . 

15.  10 

1.474 

2.  2536 

-.0031 

.0006 

2.  2499 

2.  2479 

+.09 

Nov.  22  . . 

15.  55 

1.  101 

2.  2066 

-.0014 

.0006 

2.2046 

2.  2012 

+.15 

Nov.  23 . . . 

17.  18 

1.476 

2.  2459 

-.0018 

.0013 

2.  2428 

2.  2442 

-.06 

Do. . 

15.  08 

2.  538 

2.  4039 

-. 0055 

.0014 

2.  3970 

2.  4017 

-.  20 

Nov.  25 . . . . 

55.80 

1.209 

2.  2064 

-.0022 

.0001 

2.  2041 

2.  2065 

-.  11 

Do . . . 

55.  89 

2.491 

2.  2811 

-. 0022 

.0003 

2.  2786 

2.  2826 

-.  18 

Nov.  26 . . . 

-15.  37 

1.  198 

2.  3391 

-.  0047 

.0013 

2. 3331 

2. 3391 

-.28 

Do _ 

-15.  06 

1.  198 

2.  3342 

-.0044 

.0015 

2.  3283 

2.  3368 

-.36 

Nov.  28 _ _ 

55.  50 

1.  196 

2.  2122 

-. 0036 

.0000 

2.  2086 

2.  2055 

+.14 

Do . . 

55.80 

1.  196 

2.  2087 

-. 0033 

.0000 

2.  2054 

2.  2057 

-.01 

Nov.  29. . . 

0.36 

1.  188 

2.  2462 

-.0025 

.0008 

2.2429 

2.  2478 

-.22 

Nov.  30 . 

0.30 

1.  190 

2.  2512 

-.0037 

.0008 

2.  2467 

2.  2484 

-.08 

Do . . . 

0.31 

1.889 

2.  3895 

-.0040 

.0015 

2.  3840 

2.  3885 

-.  19 

Do . . 

0.  19 

1.889 

2.  3910 

-.0041 

.0014 

2.  3855 

2.  3876 

-.09 

Dec.  1 . . . 

34.  90 

1.098 

2.  1959 

-. 0020 

.0002 

2.  1937 

2.  1900 

+•  17 

'Do . 

34.  76 

2.  492 

2.  3174 

-.0031 

.0005 

2.  3138 

2.  3138 

±.00 

Dec.  2. . . . 

34.  07 

1.  457 

2.  2578 

-. 0388 

.0002 

2.  2188 

2.2209 

-.09 

Do . 

34.  15 

1.  474 

2.  2284 

0029 

.0002 

2.  2253 

2.  2223 

+.  14 

Dec.  3 . . . 

34.  17 

1.465 

2.  2335 

-.0029 

.0002 

2.  2304 

2.  2215 

+.  40 

Do . 

34.  15 

1.465 

2.  2303 

-.  0068 

.0002 

2.  2233 

2.2215 

+.08 

1922 

Mar.  28 . 

-15.00 

1.  484 

2.  4821 

-.  0389 

.0008 

2.4424 

2.  4256 

+.69 

Table  6. — Joule-Thomson  data 


Date 

Mean 

tem¬ 

pera¬ 

ture 

em 

Mean 

pres¬ 

sure 

Pm 

Spe¬ 

cific 

heat 

Cp 

Rate 

of 

flow 

F 

Regu¬ 

lating 

cou¬ 

ple 

N 

Tem¬ 

per¬ 

ature 

drop 

-Ad 

Pres¬ 
sure 
drop 
—A  p 

Ad 

A  p 

Leak¬ 

age 

cor¬ 

rec¬ 

tion 

X 

CpFAp 

M  Cp 

Equa¬ 

tion 

nCp 

Devi¬ 

ation 

obs.- 

calc. 

Devi¬ 
ation 
ex¬ 
pressed 
in — 

Joules 

Deg. 

Deg. 

Deg. 

Joules 

Joules 

Per 

1921 

°C. 

mHg 

gdeg. 

g/sec. 

nv 

°C. 

m  Hg 

mHg 

mHg 

mHg 

mHg 

mHg 

cent 

°C. 

Nov.  9. 

30. 16 

1.  760 

2. 252 

10.  027 

-0.  1 

0.  103 

0.  0300 

3.  43 

-0.01 

3.42 

7.  70 

7.  78 

-1.0 

-0.001 

10_ 

30.  11 

1.815 

2.  257 

i  .035 

+0.5 

.  154 

.0453 

3.  40 

+.  05 

3.  45 

7.  79 

7.  80 

-0. 1 

-.000 

11. 

30.  15 

2.  308 

2.308 

i  .052 

+0.5 

.244 

.0723 

3.  37 

+.  02 

3.  39 

7.  82 

7.  96 

-1.8 

-.004 

15. 

-5.35 

2.  307 

2.  553 

1.058 

-1.0 

.460 

.  0826 

5.  57 

-.03 

5.  54 

14.  14 

14.03 

+0.8 

+.004 

15. 

-4.98 

2.478 

2.  594 

. 01593 

+0.5 

.038 

.0075 

5.  07 

+.  40 

5.  47 

14.  19 

14.  12 

+0.5 

.000 

28. 

+52.  49 

1.  303 

2.208 

i  .024 

0.0 

.099 

.0366 

2.  70 

.00 

2.  70 

5.  96 

5.  95 

+0.2 

.000 

1922 

Jan. 27.. 

30.09 

1.  532 

2.  230 

.  03877 

0.0 

.236 

.0680 

3.  47 

.00 

3.  47 

7.  74 

7.  70 

+0.  5 

+.  001 

Feb.  3.. 

30.  10 

1.  527 

2.230 

.  03322 

-2.0 

.  185 

.0525 

3.  52 

-.  13 

3.  39 

7.  56 

7.  70 

-1.8 

-.  003 

6.. 

30.  17 

2.  326 

2.314 

.  03591 

-0.  1 

.133 

.0370 

3.  59 

-.01 

3.  58 

8.28 

7.  97 

+3.9 

+.  005 

7.. 

30.23 

4.  060 

2.511 

.  01621 

+0.1 

.023 

.0065 

3.  54 

+.  10 

3.  64 

9.  14 

8.  55 

+8.  1 

+.  002 

8.. 

30.  15 

7.  110 

2.964 

.01600 

-0.  1 

.012 

.0032 

3.  75 

-.  17 

3.  58 

10.  61 

9.  70 

+9.4 

+.001 

9.. 

49.98 

2.  308 

2.275 

.  03439 

0.0 

.108 

.0388 

2.  78 

.00 

2.  78 

6.  32 

6.  26 

+  1.0 

+.  001 

14.. 

52.  52 

1.518 

2.  223 

.02225 

+0.2 

.079 

.0284 

2.  78 

+.  04 

2.  82 

6.  27 

6.  00 

+4.  5 

+.004 

15.. 

70.05 

1.  513 

2.  232 

.  02153 

0.0 

.069 

.0286 

2.41 

.00 

2.  41 

5.  38 

5.  05 

+6.5 

+.  004 

20.  _ 

110.  04 

1.  512 

2.  278 

i  .021 

0.  0 

.052 

.0304 

1.71 

.00 

1.  71 

3.90 

3.  63 

+7.  4 

+.  004 

24.. 

110.06 

10.  411 

2.550 

1.030 

-0.2 

.021 

.0118 

1.  78 

-.08 

1.  70 

4.  33 

3.  87 

+11.  9 

+.  002 

28... 

144.  94 

2.  323 

2.  347 

1.032 

0.0 

.053 

.0428 

1.24 

.00 

1.24 

2.91 

2.  85 

+2.  1 

+.001 

Mar.  7. 

144.  95 

0.  752 

2.317 

i  .  015 

0.0 

.056 

.0448 

1.25 

.00 

1.25 

2.90 

2.84 

+2.  1 

+.001 

20. 

-5.  02 

0.392 

2.  117 

.01007 

+0.9 

.118 

.0231 

5.  11 

+.28 

5.  39 

11.41 

11.38 

+0.3 

.  000 

21 

-18.22 

0.394 

2.  141 

.01043 

+  1.2 

.  146 

.-0227 

6.  44 

+.  37 

6.81 

14.  58 

14.  22 

+2.5 

+.004 

22. 

-12.92 

1.  475 

2.449 

i  .035 

-0.9 

.299 

.0481 

6.  22 

-.  03 

6.  19 

15.  16 

15.  02 

+0.9 

+.003 

1  Flow  not  measured. 
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2.  COMPUTATION  OF  RESULTS 


The  computations  of  the  specific  heat,  Cp,  are  given  in  Tables  4 
and  5.  These  computations  are  made  according  to  the  equation  (13), 


w-\n  EI  +  (N-0.  2A6)  x  ,  r  „  ,  Ap  /d2CD\  Ad2 
L6pJw)„= - +  (13) 

/d2C  \A62 

The  value  of  the  correction  term  f  is,  in  every  case,  less 


than  0.1  per  cent  of  the  final  result.  The  terms  involving  higher 
orders  of  derivatives  have  been  omitted  because  their  effect  upon 
the  result  is  less  than  0.01  per  cent. 

Equation  (11)  is  used  in  computing  the  values  of  the  Joule- Thom¬ 
son  coefficient,  p.  Since  values  of  pCp  are  required  in  equation  (13), 
the  products  of  the  observed  values  of  p  and  interpolated  values  of 
C p  are  given,  in  Table  6,  and  compared  with  computed  values  of 
pC p.  The  differences  between  the  observed  and  computed  values 
of  pC p,  although  rather  large  in  percentage,  correspond  to  only 
0.005°  C.  or  less  in  the  measurement  of  p,  which  is  comparable  with 
the  accuracy  attained  in  the  calibration  of  the  thermometers. 

The  computed  values  of  pC p  were  obtained,  by  means  of  the 


general  relation  pCp  =  6\^—j  —  v,  from  the  following  empirical 
“equation  of  state”  for  ammonia, 


R6  A 

v=- - 

p  e3 


Bp  +  C  Dp5  -a,  ,  nxt  s 

pi — -01 f-E+e.f(p) 


in  which  v  is  expressed  in  cm3/g,  p  in  atmospheres,  and  6  in  °  C. 
(abs),  and 


i?  =  4.  8187  (7=3.  6934  x  1026 

^4  =  3.  40645X  108  Z>  =  7.  1166  X  1040 

B  =  3.  2820  X  1026  E=2.  6000 

f(p)  =  (5955.  66  -  528.  45p  +24.  589p2 -  0.  3538p3)  0.  10  - 6 

This  equation  is  not  only  in  agreement  with  experimental  results 
on  p,v,6  within  their  estimated  limit  of  accuracy,  but  is  thermo¬ 
dynamically  consistent  with  equations  representing  experimental 
results  on  other  properties  of  the  vapor,  notably  Cp,  and  R  at  satu¬ 
ration.  It  was  developed  for  the  purpose  of  computing  tables  of 
thermodynamic  properties  of  ammonia,  given  in  Bureau  of  Stand¬ 
ards  Circular  No.  142,  which  contains  the  same  equation  in  engineer¬ 
ing  units.  The  constants  in  the  equation  were  derived,  in  part, 
from  the  empirical  equation  for  C p  given  in  this  paper,  and,  in 
part,  from  the  saturation  data  and  unpublished  data  on  the  specific 
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volume  of  the  superheated  vapor  obtained  at  this  bureau.  The 
last  two  or  three  digits  in  most  of  the  constants  are  insignificant  in 
computations  of  v  to  an  accuracy  of  1  part  in  1,000,  but  they  become 
significant  if  the  equation  is  used  in  computing  other  properties. 

The  derived  equation  for  /iCp  is 


„  1.8  1  6 X108  ,  (5.91  +  5. 25p)  1026  ,  1.90p6Xl041  ,  n 

\xL-p  — - - 1 - - 1 - ^T5 - r  U.o4  i 


e 3 


dn 


019 


where  p.Cp  is  expressed  in  joules  per  gram  per  meter  of  mercury,  p 
in  atmospheres,  and  d  in  degrees  absolute  (°  C.  + 273.1°).  The  curves 
shown  in  Figure  8  represent  values  computed  from  this  equation  and 
the  circles  represent  observed  values  of  /jlCp .  Since  the  equation  is 
in  fair  agreement  with  the  experimental  results  on  n,  and  since  de¬ 
terminations  of  /x  were  not  made  at  each  of  the  states  desired,  all 
values  of  /jlCp  used  in  the  computation  of  Cp  were  computed  from  the 
above  equation  or,  in  reality,  obtained  from  the  original  drawing  of 
Figure  8. 

Values  of  the  thermal  leakage  coefficient,  x,  were  obtained  from 
Figure  6.  The  upper  line  in  Figure  6  was  assumed  for  all  the  com¬ 
putations  in  Table  5. 


VII.  FORM  OF  EMPIRICAL  EQUATION 

An  empirical  equation  of  the  form,  Cp=f  ( p ,  6),  was  chosen  for 
two  reasons,  (1)  because  that  form  is  :  st  convenient  for  correlating 
the  specific  heat  and  specific  volume  measurements  by  means  of  the 
Clausius  equation 


and  (2)  because  the  final  results  of  the  experiments  yield  values  of 
Cp  at  definite  pressures  and  temperatures.  A  form  of  the  function, 
f  (p,d)  was  sought  which  would  represent  the  experimental  results 
closely  and  which  could  be  handled  easily  as  regards  differentiation 
and  integration. 

For  use  over  an  extended  range,  the  equation  should  satisfy  the 
conditions  that  Cp  become  infinite  at  the  critical  point  and  that  the 
heat  added  for  any  finite  temperature  change  be  finite. 

An  equation  which  satisfied  these  conditions  and  at  the  same  time 
gave  the  proper  form  for  v  at  the  critical  point  would  probably  be 
very  complex.  Since  the  desired  equation  and  others  derivable  in 
part  from  it,  were  to  be  used  in  computing  a  table  of  the  properties 
of  superheated  ammonia  vapor  which  covered  only  the  range  of  the 
experiments,  it  seemed  preferable  to  make  the  equation  as  simple  as 
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possible  and  not  attempt  to  satisfy  the  conditions  at  the  critical 
point. 

A  first  approximation  for  the  function,  /  (p,6),  was  obtained  from 
a  simple  “  equation  of  state,”  similar  to  the  one  used  by  Callendar  18 
for  steam,  namely, 

R6  A 


Fig.  8. — Comparison  of  observed  values  of  Joule-Thomson  effect,  vCp,  for  ammonia 
vapor  with  curves  calculated  from  empirical  equation 


which  was  found  to  represent  the  experimental  results  on  the  specific 
volume  within  about  0.5  per  cent.  This  equation  when  taken  in 
conjunction  with  the  Clausius  equation,  gave  an  equation  of  the 
form 


Cp  =  C'po  + 


A'p 
6 4 


u  “Thermodynamical  Properties  of  Gases  and  Vapors,”  Proc.  Royal  Society  (London),  67A,  p.  266;, 
1900.  Also  “Properties  of  Steam,”  Longmans,  Green  &  Co.,  London;  1920. 
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where  Cpo  represents  the  limiting  values  of  the  specific  heat  at  zero 
pressure,  and  is  a  function  of  temperature  only. 

The  extrapolation  of  the  experimentally  determined  isothermals 
of  Figure  10  to  zero  pressure,  gives  values  of  Cpo  which  bear  approxi¬ 
mately  a  linear  relation  to  the  temperature,  but  are  more  closely 
represented  by  a  function  of  the  form 

Cpo  =A  + Bd + -0- 


Using  then  as  an  approximate  equation 

c,=A+Be+^+t$ 

and  operating  on  the  residuals,  it  was  found  necessary  to  use  two 
additional  terms  in  order  to  fit  the  results  in  the  neighborhood  of  the 
saturation  limit. 

The  form  finally  adopted  to  represent  the  results  of  the  present 
investigation  is 

c,=A+BeVe+%+P-(Z+M+^ 


An  equation,  somewhat  similar  in  form,  has  been  found  by  Eichel- 
berg  17  to  represent  well  the  experimental  results  on  the  specific  heat 
of  steam. 

VIII.  DISCUSSION  OF  RESULTS 


The  aggregate  result  of  the  entire  series  of  determinations  is  repre¬ 
sented  by  the  following  empirical  equation: 


Cp=  1.1255  +  0.002380  +  -^  + 


76.8  5.45pl08  ,  p(6.5  +  3.8p)1027  ,  2.37p61042 


04 


•  + 


e 12 


+- 


020 


where  Cp  is  expressed  in  joules  per  gram  per  degree  centigrade,  p  in 
meters  of  mercury  at  0°C.  and  standard  gravity,  and  6  in  degrees 
absolute  (°C. +  273.  1°).  The  agreement  between  observed  values 
of  Cp  and  values  computed  from  this  equation  is  shown  in  Tables  4 
and  5. 

It  may  be  noted  that  Table  4  contains  the  results  of  108  complete 
experiments  which  give  the  value  of  the  specific  heat  at  35  points  in 
the  pressure  temperature  range.  These  experiments  were  purposely 
made  at  chosen  pressures  and  temperatures  for  convenience  in  the 
analysis  and  each  point  was  established  by  two  or  more  experiments. 
By  interpolating  over  small  intervals  of  temperature  and  pressure, 

17  “Zur  Thermodynamik  des  Wasserdampfes,”  Zeitsehrift  des  Vereines  Deutsher  Ingenieure,  61,  p. 
750;  1917. 
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the  results  were  corrected  to  seven  temperatures  (— 15,  0,  35,  55,  75, 
115,  and  150°  C.)  and  seven  pressures  (0.38,  1.5,  2.3,  4.05,  7.1,  10.4, 
and  15.1  m  Hg).  The  average  result  at  each  point  was  used  in 


determining  the  constants  in  the  empirical  equation.  The  results  at 
the  35  distinct  points  are  shown  graphically  in  Figures  9  and  10  with 
temperature  and  pressure,  respectively,  as  the  abscissas.  The  con- 


Fig.  10. — Specific  heat  of  ammonia  vapor  at  constant  pressure 

stant  pressure  and  constant  temperature  lines  represent  values  com¬ 
puted  from  the  empirical  equation  and  the  circles,  experimental 
determinations.  The  saturation  limit  of  Cv  is  obtained  by  extrapola- 
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tion  and  is  determined  by  the  empirical  equation  taken  simulta¬ 
neously  with  the  empirical  equation  for  the  vapor  pressure.18 

It  may  be  noted  in  Table  3  that  the  experimental  conditions  were 
varied  considerably  in  the  various  experiments.  For  example, 
experiments  were  made  with  temperature  rises  of  approximately  5, 
10,  and  50°,  and  with  rates  of  flow  which  varied  by  a  factor  of  4. 
These  variations  were  introduced  in  order  to  note  their  effect  upon 
the  result  and  to  detect  sources  of  systematic  errors.  By  examination 
of  the  deviations  from  the  values  given  by  the  empirical  equation 
it  has  not  been  possible  to  detect  any  systematic  error. 

An  estimate  of  the  accuracy  of  the  measurements  may  be  obtained 
by  assigning  average  and  maximum  errors  to  each  element  which 
enters  into  the  final  result.  Table  7  contains  a  tabulation  of  the 
magnitudes  of  these  errors,  which  were  estimated  from  the  experience 
gained  in  making  the  measurements.  They  apply  particularly  to 
experiments  with  10°  temperature  rise.  The  agreement  between  the 
observed  and  estimated  average  errors  indicates  that  the  empirical 
equation  fits  the  results,  to  about  the  estimated  precision  attained  in 
the  measurements.  It  will  be  noted  that  the  maximum  deviation 
from  the  equation  is  less  than  the  estimated  maximum  error,  which 
means  that  all  of  the  possible  errors  were  probably  not  cumulative  in 
any  single  experiment. 


Table  7. — Estimation  of  errors 
[All  errors  are  expressed  in  per  cent  produced  in  the  final  result,  Cp] 


Source  of  error 

Average 

error 

Maximum 

error 

Energy  _  . . . _ . _  .  _  __ 

±0.  02 

±0.05 

Temperature  rise _  _  _ _ _ 

.  05 

.  15 

Rate  of  flow .  . 

.05 

.  15 

Thermal  leakage..  ..  .  .  _ _  .  _  _ _  _ 

.03 

.  10 

Joule-Thomson  correction. . . . .  .. 

.02 

.  10 

Total  estimated. _ _ _ _ _ _ _ _ _ _ _ 

±.  05 

±.  65 

Observed  deviations  from  empirical  equation _  _ 

±.  07 

±.26 

IX.  PREVIOUS  DETERMINATIONS 

Previous  determinations  of  the  specific  heat  of  ammonia  vapor  are 
few  in  number  and  have  been  limited  to  determinations  at  one  at¬ 
mosphere  pressure.  A  summary  of  these  determinations  is  given  in 
Table  8,  which  contains  also  a  comparison  with  the  present  results 
within  the  temperature  range  of  the  latter. 

18  B.  S.  Sci.  Papers,  16,  p.  1;  1920  (Sci.  Paper  No.  369).  Also  In  A.  S.  E.  E.  Jour.,  6,  p.  307;  1920,  and  in 
J.  Am.  Chem.  Soc.,  42,  p.  206;  1919. 
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Table  8. — Previous  experimental  determinations  of  CD  at  one  atmosphere  pressure 


Date 

Observer 

Number 
of  ob¬ 
serva¬ 
tions 

Temper¬ 

ature 

range 

Mean 

temper¬ 

ature 

Mean 

observed 

Cp 

Maximum 

deviation 

from 

mean 

Deviation  from 
present  results 

°C. 

°C. 

Per  cent 

Per  cent 

1862 _ 

Regnault 1 . .  .  . 

2 

24-216 

120 

0  5084 

0  2 

— 7  0 

1876 _ 

Wiedemann 2  _ 

12 

25-100 

62  5 

5202 

2  3 

—  6 

1876 _ 

__  .do . . .  . 

11 

25-200 

112  5 

5356 

2  6 

-9 

1910 _ 

Nernst 2 . . . 

4 

365-569 

467 

.  605 

5l  3 

1910 _ 

.  ___do__  _ _ 

2 

480-680 

580 

.  658 

1.  8 

1915,  ... 

Haber  and  Tamaru 

4 

219-401 

310 

.605 

.4 

Arrangement  B. 

1915 _ 

_ do_  _ 

6 

337-508 

422 

.646 

1.9 

Arrangement  A. 

1915 _ 

_ do.  _ 

3 

337-508 

423 

.646 

.4 

Arrangement  B. 

1915 _ 

_ do.  _ 

4 

440-605 

523 

.693 

.9 

Arrangement  B. 

i  Mfimoires  de  L’Acadamie  des  Sciences,  II,  p.  161;  1862. 
3  Pogg.  Ann.  157,  p.  1;  1876. 

3  Zeit.  fur  Elektrochemie,  16,  p.  96;  1910. 

*  Zeit.  fur  Elektrochemie,  21,  p.  228;  1915. 


Ilegnault  and  also  Wiedemann  used  a  method  which  consisted 
essentially  of  passing  the  heated  vapor  through  a  water  calorimeter 
and  observing  the  rate  of  flow  of  the  vapor  and  the  rise  in  temperature 
of  the  water.  Their  results  on  ammonia  are  in  accord  with  their 
results  on  other  gases  and  vapors  in  being  systematically  lower  by  a 
few  per  cent  in  general  than  those  obtained  by  later  experiments. 

Nemst  employed  a  comparative  method  in  which  various  vapors 
passed  through  a  preheater  and  then  through  a  silver  block  which 
was  inclosed  in  an  electric  furnace  at  a  higher  temperature.  Adopt¬ 
ing  previously  determined  values  of  the  specific  heat  of  water  vapor 
and  carbon  dioxide,  he  computed  the  specific  heat  of  ammonia  vapor 
from  the  observed  rates  of  flow  and  the  lowering  of  the  temperature 
of  the  silver  block.  It  may  be  remarked  incidentally  that  the  values 
of  the  specific  heat  adopted  as  standards  are  several  per  cent  lower 
than  those  recently  compiled  by  Holbom,  Scheel,  and  Henning.19 
The  variations  in  the  experimental  conditions  were  not  sufficient  to 
warrant  an  estimate  of  the  accuracy  of  the  results,  although  in  the 
one  case  in  which  the  rate  of  flow  was  doubled  approximately  an 
apparent  increase  of  10  per  cent  in  the  value  of  the  specific  heat  was 
observed.  Tests  were  made  which  indicated  that  no  appreciable  de¬ 
composition  of  the  ammonia  vapor  took  place  at  the  temperatures 
used. 

Haber  and  Tamaru  used  the  continuous-flow  electric  method  with 
a  preheater  partially  inclosed  in  the  furnace  surrounding  the  calorim¬ 
eter.  The  rate  of  flow  of  the  ammonia  vapor  was  varied  by  a  factor 
of  three.  The  main  uncertainty  in  their  results  lies  in  the  evaluation 
of  the  heat  leakage.  Two  experimental  arrangements  were  employed 
which  differed  only  in  the  shielding  of  the  electric  heater.  They  state 
that  the  measurements  with  arrangement  A  constitute  an  absolute 
determination  of  Cp,  while  those  with  arrangement  B  constitute  only 


18  Warmetabellen,  Friedr.  Vieweg.  &  Sohn,  Braunschweig:  1919. 
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relative  determinations.  The  heat  leakage  with  arrangement  A, 
amounting  from  10  to  25  per  cent  of  the  heat  added  electrically,  was 
found  to  be  independent  of  the  rate  of  flow  and  was  evaluated  by  the 
method  of  extrapolation  to  infinite  flow.  With  arrangement  B  the 
heat  leakage  was  found  to  be  a  function  of  the  rate  of  flow  and  its 
magnitude  was  inferred  from  other  experiments  on  air  and  carbon 
dioxide. 

A  comparison  of  the  experimental  determinations  of  Cp  at  one 
atmosphere  pressure  is  shown  graphically  in  Figure  11.  It  seems 
probable  that  the  extrapolation  of  the  present  authors’  empirical 
equation  leads  to  high  values  of  the  specific  heat  at  high  temperatures. 
It  is  evident  that  the  results  of  Nernst  and  of  Haber  and  Tamaru  are 
somewhat  inconsistent  with  the  present  results  and  do  not  indicate 
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Fig.  11. — Comparison  of  experimental  determinations  of  specific  heal  of  ammonia 

vapor  at  one  atmosphere 


with  certainty  the  trend  of  the  curve  at  high  temperatures.  The 
assumption  of  a  constant  error  of  a  few  per  cent  in  the  results  of  Haber 
and  Tamaru  suggests  the  linear  extrapolation  shown  in  Figure  1 1 . 
The  lower  curve  represents  the  mean  of  the  two  sets  of  results. 

With  experimental  determinations  of  Cp  at  one  atmosphere  pressure 
available,  it  is  possible  to  derive  values  of  Cp  at  higher  pressures  by 
means  of  an  “equation  of  state.”  Goodenougli  and  Mosher,20  and 
Keyes  and  Brownlee,21  have  published,  in  their  respective  ammonia 
tables,  the  results  of  such  a  computation.  Their  equations,  although 
widely  different  in  form  and  based  upon  different  data,  give  values  of 
the  specific  volume  of  the  superheated  vapor  which  agree  with  the 


20  Univ.  of  Ill.  Exp.  Station,  Bulletin  No.  66;  1913. 

21  Thermodynamic  Properties  of  Ammonia,  John  Wiley  &  Sons;  1916. 
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values  given  in  the  Bureau  of  Standards  tables  22  to  about  1  or  2 
per  cent,  in  general.  It  is  interesting,  therefore,  to  note  the  compari¬ 
son  of  their  computed  values  of  Cp  with  the  results  of  the  present  ex¬ 
periments  as  shown  in  Figure  12.  For  convenience  in  showing  this 
comparison  graphically,  the  values  resulting  from  the  present  experi¬ 
ments  are  represented  by  the  zero  line  and  the  curves  show  the  per¬ 
centage  deviation  of  the  computed  values  at  various  pressures. 


Fig.  12. — Comparison  of  values  of  specific  heat  of  ammonia  vapor  from  earlier 
formulations  with  authors’  experimental  data 

X.  SUMMARY 

(1)  A  series  of  measurements  of  the  specific  heat  of  superheated 
ammonia  vapor  at  constant  pressure  were  made  to  supply  data  for 
tables  of  thermodynamic  properties  of  ammonia  suitable  for  use  in 
refrigerating  engineering. 

(2)  The  continuous-flow  electric  method  was  employed,  which  con¬ 
sists  of  observing  the  rise  in  temperature  produced  by  a  measured 
electric  power  added  as  heat  to  a  steady  stream  of  vapor  flowing  at  a 
measured  rate.  The  advantages  of  this  method  for  measurements  of 
the  specific  heat  of  gases  are  pointed  out.  An  abridged  description  is 
given  of  the  flow  calorimeter,  which  was  especially  designed  and  con¬ 
structed  for  making  these  measurements  on  ammonia.  The  design 
is  appropriate  for  similar  measurements  on  other  vapors  and  gases  at 

22  Tables  of  Thermodynamic  Properties  of  Ammonia,  B.  S.  Circular  No.  142,  1st  edition;  1923. 
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temperatures  below  150°  C.  and  pressures  below  100  atmospheres. 
Several  features  of  this  calorimeter  are:  Utility  over  a  wide  range  of 
temperature  and  pressure;  small  thermal  leakage;  small  size  and  heat 
capacity,  requiring,  therefore,  only  small  samples  of  the  purified 
material  and  a  short  time  in  coming  to  a  steady  state.  A  brief  descrip¬ 
tion  is  given  of  the  thermoregulated  baths,  the  temperature-control 
unit  used  for  each  bath,  and  the  special  devices  used  for  regulating 
the  rate  of  flow  of  the  vapor.  Many  othej’  details  are  described  which 
have  a  bearing  on  the  accuracy  of  the  results  obtained. 

An  expression  is  developed  for  the  specific  heat  at  constant  pressure 
for  a  definite  temperature  and  pressure  which  contains  the  three 
principal  quantities  observed — temperature  rise,  power  input,  and 
rate  of  flow — and,  in  addition,  correction  terms  for  thermal  leakage, 
pressure  drop,  and  the  variation  of  the  specific  heat  with  temperature. 

(4)  The  process  of  purification  of  the  ammonia  used  in  the  meas¬ 
urements  is  described  briefly.  Tests  made  upon  several  samples, 
which  were  purified  by  this  process,  indicated  the  presence  of  less  than 
0.01  per  cent  by  weight  of  water  and  less  than  0.01  per  cent  by  volume 
of  noncondensing  gases  in  the  vapor  phase. 

(5)  The  procedures  followed  in  the  experiments  and  in  the  calibra¬ 
tion  of  the  instruments  are  described  in  detail.  The  correction  for 
thermal  leakage  rarely  exceeded  0.2  per  cent  of  the  heat  supplied 
electrically  in  any  experiment.  The  crucial  test  of  the  proper  cor¬ 
rections  for  thermal  leakage  and  pressure  drop  is  the  constancy  of 
the  final  result  with  various  rates  of  flow  of  the  vapor. 

(6)  The  results  of  108  complete  experiments  serve  to  establish  the 
value  of  the  specific  heat  at  35  points  in  the  temperature  range  — 15 
to  +150°  C.  and  the  pressure  range  0.5  to  20  atmospheres.  Several 
determinations  of  the  Joule-Thomson  coefficient  were  made  in  order 
to  evaluate  the  correction  for  pressure  drop  in  the  specific  heat 
experiments. 

(7)  An  empirical  equation  of  the  form  Cp  =/  ( p ,  6)  was  chosen  to 
represent  the  experimental  results  within  the  range  covered  by  the 
experiments. 

(8)  Values  of  Cp  computed  from  the  empirical  equation  agree  with 
the  experimental  values  within  0.3  per  cent  in  all  cases.  The  average 
agreement  is  0.07  per  cent. 

(9)  Previous  measurements  of  the  specific  heat  of  ammonia  vapor 
are  briefly  reviewed  and  tabulated. 

(10)  A  table  containing  values  of  Cp  at  convenient  intervals  of 
pressure  and  temperature  is  appended. 
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XI.  APPENDIX:  TABLE  OF  Cp 

Table  9. — Specific  heat  of  ammonia  vapor  at  constant  pressure 


[Calories  per  gram  per  degree  centigrade] 


Pressure  in  atmospheres.  (Saturation  temperature  in  italics.) 


i  empera- 
ture  °C. 

0 

1 

-S3.  S5° 

2 

-18.  57° 

3 

-8.91° 

4 

-1. 54° 

6 

+4-60° 

6 

9.  67° 

7 

14.  21° 

8 

18.27° 

9 

21.96° 

10 

25.  34° 

Sat. 

0.  5593 

0.  5935 

0.  6214 

0.  6457 

0. 6676 

0.  6877 

0.  7065 

0.  7242 

0.7411 

0.  7575 

-30 

0.4829 

.5513 

-20 

.4856 

.  5344 

-10 

.4885 

.5247 

.5704 

0 

.4917 

.5194 

.  5532 

.5931 

.6392 

10 

.4950 

.5168 

.5426 

.5724 

.6062 

.6440 

.6860 

20 

.4985 

.5161 

.5364 

.5593 

.5848 

.6130 

.6438 

.6775 

.7142 

30 

.5021 

.5167 

.5330 

.5510 

.5708 

.5924 

.6158 

.6410 

.6682 

.6974 

.7289 

40 

.5058 

.5181 

.5315 

.5461 

.5619 

.5788 

.  5970 

.6164 

.6371 

.6592 

.6826 

50 

.5097 

.  5201 

.5313 

.5434 

.5562 

.5699 

.  5843 

.  5997 

.6158 

.6329 

.6510 

60 

.5137 

.5227 

.  5322 

.5423 

.5529 

.  5641 

.5759 

.5883 

.6012 

.6148 

.6290 

70 

.5178 

.5256 

.  5338 

.5423 

.5513 

.5007 

.5704 

.5806 

.5912 

.602i2 

.6136 

80 

.5220 

.5288 

.5359 

.5432 

.5510 

.5589 

.  5671 

.5756 

.5844 

.  5935 

.6029 

90 

.5262 

.  5323 

.5385 

.5449 

.5515 

.5583 

.5654 

.5726 

.5800 

.  5877 

.5955 

100 

.5306 

.  5359 

.5414 

.5470 

.5528 

.5587 

.5648 

.5710 

.5774 

.5839 

.5905 

110 

.  5350 

.  5397 

.5446 

.5496 

.5547 

.5598 

.5651 

.5705 

.5760 

.  5817 

.5874 

120 

.  5394 

.5437 

.5481 

.  5525 

.  5570 

.5616 

.  5662 

.5710 

.  5758 

.5807 

.5856 

130 

.  5440 

.5478 

.5517 

.5557 

.5597 

.5637 

.  5679 

.5721 

.  5763 

.5806 

.  5850 

140 

.5486 

.5520 

.5555 

.5591 

.5627 

.5663 

.5700 

.5737 

.  5775 

.5813 

.5852 

150 

.  5532 

.5563 

.5595 

.5627 

.5660 

.5692 

.5725 

.  5759 

.5792 

.  5826 

.  5860 

Tempera- 

10 

11 

12 

13 

14 

15 

16 

17 

18 

19 

20 

ture  °C. 

25.  S4° 

28.  4 7 ° 

SI.  40° 

SI  15° 

S6.  74° 

89. 19° 

41.  62° 

48.  76° 

45.  88° 

47.  92° 

49.  89° 

Sat. 

0.  7575 

0.  7734 

0.  7S90 

0.8044 

0. 8199 

0.  8355 

0.  8513 

0.  8674 

0. 8839 

0.  9009 

0.  9186 

30 

.  7289 

.7629 

40 

.  6826 

.  7077 

.  7346 

.  7634 

.  7946 

.8286 

50 

.6510 

.6700 

.6902 

.7117 

.  7345 

.7590 

.  7854 

.8140 

.8452 

.8795 

.9173 

60 

.6290 

.  6439 

.6595 

.6759 

.6932 

.7115 

.  7310 

.7518 

.7741 

.7982 

.8244 

70 

.  6136 

.  6255 

.6379 

.6508 

.6643 

.6784 

.  6933 

.7090 

.7255 

.7432 

.  7621 

80 

.6029 

.6126 

.6227 

.6330 

.6438 

.6550 

.  6667 

.6789 

.6916 

.  7051 

.7192 

90 

.5955 

.6036 

.6119 

.6204 

.6292 

.6383 

.  6477 

.6574 

.6675 

.6781 

.6890 

100 

.5905 

.  5974 

.6043 

.6115 

.6188 

.6263 

.6341 

.6420 

.6502 

.6587 

.6674 

110 

.5874 

.5932 

.5992 

.6052 

.6114 

.6178 

.6242 

.6308 

.6376 

.6446 

.6518 

120 

.5856 

.5907 

.  5958 

.6011 

.6064 

.6118 

.6173 

.6229 

.6286 

.6345 

.6404 

130 

.5850 

.5894 

.5939 

.5984 

.6030 

.6077 

.6124 

.6172 

.6222 

.6271 

.0322 

140 

.5852 

.5891 

.5930 

.  5970 

.6010 

.6051 

.  6093 

.6134 

.6177 

.6220 

.  6263 

150 

.5860 

.  5895 

.  5930 

.5965 

.6001 

.6037 

.6073 

.6110 

.6147 

.6185 

.6223 

Washington,  July  21,  1924. 
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Thermal  Conductivity  of  Beryllium  Oxide  From 

40°  to  750°  C 

David  A.  Ditmars  and  Defoe  C.  Ginnings 

The  thermal  conductivity  of  beryllium  oxide  has  been  measured  by  an  absolute  method 
from  40°  to  750°  C.  The  apparatus  employed  steady-state  longitudinal  heat  flow  along  a 
rod  of  high-fired  beryllium  oxide,  surrounded  by  a  tube  with  matching  temperature  gradient 
to  minimize  radial  heat  loss.  The  estimated  accuracy  of  the  measurements  is  about  3  percent. 
However,  the  values  of  thermal  conductivity  of  the  ideal  beryllium  oxide  crystal  are  probably 
considerably  higher  than  the  values  given  because  of  the  lower  density  (87  percent  theoret¬ 
ical)  of  the  sample  used. 


1.  Introduction 

Not  only  is  beryllium  oxide  useful  as  a  moderator 
in  the  utilization  of  atomic  energy,  but  it  has  an 
unusually  high  thermal  conductivity,  much  higher 
than  other  nonmetals  and  even  higher  than  most 
metals  over  a  limited  temperature  range.  At  room 
temperature,  its  thermal  conductivity  is  about  that 
offaluminum,  whereas  its  electrical  conductivity  is 
extremely  low.  It  was  the  purpose  of  this  investiga¬ 
tion  to  measure  the  thermal  conductivity  of  beryl¬ 
lium  oxide  in  the  high-temperature  range. 

2.  Sample 

The  beryllium  oxide  was  originally  fabricated  by 
the  Norton  Co.  by  hot-pressing.  A  rough  sample  was 
taken  from  this  material  and  machined,  at  the  Oak 
Ridge  National  Laboratory,  to  a  cylindrical  rod 
about  0.5  in.  in  diameter  and  6  in.  long.  From  in¬ 
formation  obtained  on  this  material,  together  with 
that  obtained  from  a  spectrograpliie  analysis,  it 
seems  likely  that  its  impurities  (other  than  carbon) 
were  less  than  0.2  percent.  It  is  possible  that  carbon 
was  present  in  larger  amounts  in  the  sample,  although 
it  was  white,  with  only  occasional  dark  inclusions. 
The  sample  was  fired  in  the  NBS  Mineral  Products 
Division  at  about  1,700°  C  and  machined  to  the  form 
of  a  true  cylinder  having  a  diameter  of  0.4524  in.  at 
room  temperature  and  an  average  density  of  2.62 
g,/cm3  (87  percent  of  single  crystal).  The  method  of 
original  fabrication  by  hot-pressing  may  have  caused 
a  variation  in  density  in  the  sample  of  several  percent. 

3.  Method  and  Apparatus 

The  method  and  apparatus  have  been  described 
briefly  in  technical  reports  [1,  2].1  The  method  used 
was  absolute  in  that  the  results  were  obtained  without 
comparison  with  another  material.  A  longitudinal 
heat  flow  was  used  to  establish  a  temperature  gradi¬ 
ent  in  the  sample.  From  the  measured  values  of 
heat  flow,  temperature  gradient,  and  the  cross  section 
of  the  sample,  the  thermal  conductivity  of  the  sample 
was  calculated.  Longitudinal  rather  than  radial  heat 
flow  was  used  in  order  to  obtain  a  reasonable  tem¬ 

1  Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 


perature  gradient  in  a  conveniently  shaped  sample. 
The  temperature  gradient  on  the  sample  was  deter¬ 
mined  by  measuring  the  temperatures  along  the 
sample.  The  longitudinal  heat-flow  method,  as 
applied  to  relatively  long  samples,  has  the  inherent 
disadvantage  that  radial  heat  losses  to  the  surround¬ 
ings  may  reduce  the  accuracy  of  the  results.  How¬ 
ever,  in  this  case,  the  conductivity  of  the  BeO  was  so 
high  that  radial  heat  losses  did  not  seriously  limit  the 
accuracy  of  the  results. 

A  scale  diagram  of  the  essential  parts  of  the  appa¬ 
ratus  is  shown  in  figure  1.  Measured  electrical  heat, 
introduced  in  the  “sample  heater”  at  the  top  of  the 
sample  (BeO),  flowed  down  the  sample  and  its 
“adapter”  to  a  heat>  sink.  The  sample  heater  con¬ 
sisted  of  six  small  helices  of  No.  38  Nichrome  wire 
located  in  holes  in  the  top  of  the  sample.  The  adapter 
was  used  here  to  position  the  sample,  as  well  as  to 
fill  in  the  needed  length,  because  the  apparatus  was 
built  to  accommodate  samples  longer  than  6  in. 
Anhydrous  boric  oxide  was  used  to  give  good  thermal 
contact  between  the  sample  and  adapter,  and  be¬ 
tween  the  adapter  and  the  sink.  This  compound  has 
a  very  low  vapor  pressure  and  has  excellent  wetting 
properties,  maintaining  good  thermal  contact  at 
temperatures  far  below  its  melting  point.  The  sink 
was  cooled  with  either  water  or  air,  depending  on  the 
temperature  range,  and  was  equipped  with  a  heater 
and  thermocouple  so  that  it  could  be  automatically 
kept  at  a  constant  temperature. 

The  temperatures  along  the  sample  were  measured 
with  three  thermocouples  (No.  36  AWG  platinum- 
platinum-rhodium)  having  reference  junctions  at 
0°  C  and  principal  junctions  on  the  sample  at  the 
three  levels  shown  in  figure  1.  In  addition  to  these 
three  absolute  thermocouples,  a  differential  thermo¬ 
couple  was  also  used  to  ascertain  directly  the  tem¬ 
perature  difference  between  the  upper  and  lower 
levels  on  the  sample.  All  of  the  thermocouples  on 
the  samples  were  made  with  junctions  peened  into 
small  holes  (about  0.6  mm  in  diameter  and  depth)  in 
the  cylindrical  surface  of  the  sample.  In  order  that 
the  temperature  gradient  measured  on  the  sample 
would  correspond  to  the  electric  heat  put  into  the 
top  of  the  sample,  precautions  were  taken  to  minimize 
radial  heat  loss  along  the  sample.  For  this  purpose, 
the  sample  was  surrounded  by  a  “guard  tube” 
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of  the  top  of  the  sample,  and  thus  to  reduce  heat 
conduction  along  them.  A  “thermal  shield”  (nickel) 
and  heater,  placed  above  the  sample  and  tempering 
ring,  also  served  for  this  purpose  and  to  prevent  heat 
transfer  upward  through  supports  and  insulation. 

Although  the  apparatus  shown  in  figure  1  has  been 
used  only  for  measuring  the  thermal  conductivity  of 
solids,  it  was  designed  so  that  it  could  be  used  also  for 
high-conductivity  liquids.  For  this  application,  the 
liquid  woidd  be  contained  in  a  thin-walled  tube 
equipped  with  a  suitable  heater  and  a  liquid  expan¬ 
sion  chamber  extending  up  into  the  shield.  To  obtain 
the  thermal  conductivity  of  the  liquid ,  it  would  be 
necessary  to  account  for  the  thermal  conduction  in 
the  container  tube  by  making  another  experiment 
with  the  liquid  replaced  by  a  powder  of  very  low  and 
known  thermal  conductivity. 

The  whole  assembly,  supported  by  rods  extending 
down  to  the  bottom  of  the  guard,  was  filled  with  fine 
aluminum  oxide  powder  for  insulation  and  enclosed 
in  a  0.010-in.  Inconel  tube,  which  served  to  hold  the 
powder.  This  tube,  fitting  closely  in  the  “container” 
(0.035-in.  Inconel  tube)  centered  along  the  axis  of  the 
furnace,  facilitated  assembly.  Thermocouple  and 
heater  leads  were  brought  out  from  this  container 
through  an  insulating  seal  at  the  top  (not  shown  in 
fig.  1),  so  that  the  conductivity  apparatus  could 
either  be  evacuated  or  filled  with  argon.  Because 
experiments  with  the  apparatus  had  shown  the  elec¬ 
trical  insulation  to  fail  when  it  was  evacuated  at  high 
temperatures,  the  apparatus  was  filled  with  argon 
after  evacuation  at  moderately  high  temperatures  to 
outgas  the  aluminum  oxide.  The  thermal-conductiv¬ 
ity  apparatus  was  maintained  at  the  chosen  tem¬ 
perature  by  the  surrounding  furnace,  which  was 
equipped  with  numerous  taps  on  the  heater  winding 
to  give  the  desired  vertical  temperature  gradients. 
Two  automatic  regulators,  actuated  by  thermo¬ 
couples  in  the  furnace,  were  used  to  maintain 
constant  temperatures. 


Figure  1.  Thermal-conductivity  apparatus. 

(Inconel,  0.03-in.  wall),  with  temperatures  corre¬ 
sponding  to  those  in  the  sample.  Temperatures  along 
the  guard  tube  were  measured  with  three  platinum- 
platinum-rhodium  thermocouples,  with  principal 
junctions  attached  to  the  guard  tube  at  levels  corre¬ 
sponding  to  those  of  the  sample  thermocouples. 
Three  additional  thermocouples,  at  the  same  levels 
on  the  guard  tube  but  at  different  azimuths,  were  also 
provided.  The  top  of  the  guard  tube  was  heated  by 
the  “guard  heater”,  and  its  temperature  was  con¬ 
trolled  automatically,  using  the  “control  couple” 
close  to  the  heater.  Another  heater  with  a  control 
thermocouple  (not  shown  in  fig.  1)  was  provided  at 
the  bottom  of  the  guard  tube,  but  it  was  found  un¬ 
necessary  to  use  it  when  the  furnace  temperatures 
were  suitably  controlled.  The  top  portion  (“temper¬ 
ing  ring”)  of  the  guard  tube  was  made  of  thick  nickel 
to  which  the  electrical  leads  to  the  sample  were 
thermally  connected,  so  that  it  served  as  a  temper¬ 
ing  region  for  bringing  the  leads  to  the  temperature 


4.  Experimental  Procedure 

Two  basic  types  of  experiment  wergjperformed  for 
each  measurement  of  thermal  conductivity.  In  the 
first  type  (called  a  conductivity  experiment),  the 
furnace  temperature  was  controlled  to  the  desired 
value,  a  known  constant  electric  power  was  put  into 
the  sample  heater,  the  temperatures  of  the  guard  and 
shield  were  adjusted  to  match  those  on  the  sample  as 
closely  as  possible,  and  the  sink  temperature  was 
adjusted  to  a  constant  value.  After  a  steady  state 
was  obtained,  several  consecutive  sets  of  observations 
of  thermocouple  emf  and  sample  power  were  re¬ 
corded.  In  the  second  type  of  experiment  (called 
calibration  experiment),  no  power  was  put  into  the 
sample  heater,  but  in  other  ways,  the  experimental 
procedure  was  similar  to  the  first.  The  purpose  of 
this  experiment  was  to  correct  for  errors  that  did  not 
depend  on  the  power  transmitted  through  the  sample. 
Errors  of  this  type  are  those  due  to  differences,  in 
thermocouples  and  those  resulting  from  unknown 
heat  leaks,  which  presumably  were  the  same  in  both 
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b.  Heat  Flow  From  Sample  to  the  Tempering  Ring 


types  of  experiments.  Several  other  experiments 
were  made  to  detect  other  errors  and  to  determine 
their  importance.  Some  of  these  experiments  are 
described  later. 

Several  hours  were  usually  required  to  bring  the 
various  parts  of  the  apparatus  to  the  desired  tem¬ 
peratures  and  to  make  sure  that  these  temperatures 
were  not  changing  significantly.  The  final  data  were 
usually  obtained  in  a  period  of  about  30  min,  sub¬ 
sequent  to  an  interval  of  about  an  hour  during  which 
the  temperatures  were  observed  to  be  constant. 
Automatic  thermoregulators  were  used  to  control  the 
temperatures  of  the  furnace,  guard,  and  sink. 

5.  Calculation  of  Results  and  Uncertainties 

The  conductivity  values  were  calculated  from  the 
observed  quantities  by  means  of  the  equation 

J  QAXp 
-dolld-ota)  At 

where 

&= thermal  conductivity  (watts  cm-1  deg-1 
C)  at  temperature  ta. 

4= average  temperature  of  sample  between 
thermocouples. 

<)= heat-flow  rate  (watts). 

AX0= thermocouple  spacing  at  0°  C  (cm). 

A0 = cross-section al  area  at  0°  C  (cm2). 
a— coefficient  of  linear  thermal  expansion 
(deg-1  C). 

At  = temperature  difference  (deg  C)  between 
thermocouples. 

This  equation  is  valid  for  steady-state  longitudinal 
heat  flow  over  a.  small  temperature  interval.  The 
determination  of  these  factors  in  the  conductivity 
equation,  together  with  a  consideration  of  their  un¬ 
certainties,  will  now  be  discussed  individually.  The 
uncertainties  referred  to  in  this  report  are  the  authors’ 
estimates  (based  on  their  judgment)  on  the  basis  that 
the  observed  quantity  would  have  about,  an  equal 
chance  of  being  within  that  limit  as  being  outside  it, 
and  that  the  sign  of  the  uncertainty  is  just  as  likely 
to  be  positive  as  negative. 

5.1.  Heat-Flow  Rate  (©) 

a.  Electric  Power 

Heat  was  generated  by  direct  current  in  the  sample 
heater,  and  power  was  measured  in  a  conventional 
manner,  using  a  potentiometer  in  conjunction  with  a 
higli-resistance  volt  box  to  measure  the  potential 
drop  across  the  heater,  and  a  standard  resistor  in  a 
current  lead  to  measure  the  current.  The  errors  in 
these  electrical  measurements  were  almost  negligible. 
In  measuring  the  potential  drop  across  the  heater, 
the  potential  terminals  were  located  to  evaluate 
properly  the  heat  that  went  to  the  sample.  Because 
the  sample  heater  was  made  with  very  high  resistance 
(relative  to  that  of  the  heater  leads),  the  uncertainty 
in  the  location  of  the  potential  terminals  resulted  in 
only  about  0.1 -percent  uncertainty  in  the  measured 
thermal  conductivity. 


In  addition  to  the  electric-power  input  to  the  top 
of  the  sample,  it  is  necessary  to  consider  the  heat 
transfer  between  the  sample  and  its  surroundings. 
Because  of  the  excess  temperature  of  the  sample 
heater,  heat  flowed  along  the  heater  leads  to  the 
tempering  ring;  the  uncertainty  in  this  heat  flow 
(taken  to  be  50  percent  of  the  correction)  averaged 
about  0.24  percent  of  the  total  heat  flow  in  the  sam¬ 
ple.  In  addition  to  this  heat  flow,  there  was  the  heat 
flow  between  the  top  part  of  the  sample  and  the 
tempering  ring.  The  evaluation  of  this  was  difficult 
because  of  the  configuration  and  the  temperature 
distribution  on  the  top  part  of  the  sample  where  the 
sample  heater  was  located.  Using  differential  ther¬ 
mocouples,  observations  were  made  of  the  tempera¬ 
ture  difference  between  the  isothermal  tempering 
ring  and  a  point  on  the  top  part  of  the  sample.  The 
location  of  this  point  was  determined  by  calculation 
so  that  the  net  heat  flow  from  the  top  of  the  sample 
to  the  tempering  ring  would  be  proportional  to  the 
emf  of  the  differential  thermocouple.  The  height  of 
the  top  of  the  sample  relative  to  the  guard  was  made 
so  that  the  bottom  of  the  sample  heater  was  at  the 
same  level  as  the  bottom  of  the  tempering  ring.  In 
the  actual  experiments,  the  tempering-ring  tempera¬ 
ture  depended  on  the  power  in  the  guard  heater  and 
was  indicated  by  the  differential  thermocouple  to  be 
2  or  3  deg  higher  than  the  temperature  of  the  sample, 
making  necessary  a  correction  for  the  resulting  heat 
flow.  It  was  found  convenient  to  evaluate  this  cor¬ 
rection  experimentally  by  making  two  conductivity 
experiments  in  which  only  the  tempering-ring  tem¬ 
perature  was  changed  and  the  furnace  temperature 
adjusted  to  maintain  the  match  between  the  guard 
and  sample  thermocouples.  Using  the  resulting 
change  in  sample  gradient,  the  data  were  corrected 
to  correspond  to  no  difference  in  temperature  as 
indicated  by  the  differential  thermocouple.  How¬ 
ever,  there  still  remained  an  uncertainty  in  heat  flow 
due  to  some  uncertainty  in  the  proper  location  of  the 
thermocouple  junction  on  the  sample  head.  It  was 
estimated  that  the  uncertainty  in  the  heat  flow  be¬ 
tween  the  sample  and  tempering  ring,  excluding  heat 
flow  along  leads  mentioned  above,  resulted  in  an 
uncertainty  in  measured  conductivity  averaging 
about  0.5  percent. 

c.  Heat  Flow  Down  the  Insulating  Powder 

Even  when  the  guard  temperatures  matched 
sample  temperatures,  some  of  the  heat  input  to 
the  sample  necessarily  went  to  maintain  some  of 
the  longitudinal  heat  flow  in  the  insulating  powder 
between  the  sample  and  guard.  The  conductivity 
of  the  aluminum  oxide  powder  with  argon  gas  was 
determined  approximately  by  a  few  experiments  as 
it  was  used  in  the  apparatus.  The  temperature 
distribution  in  the  insulation  had  been  previously 
estimated  with  a  resistance  analog  computer,  setting 
up  boundary  conditions  corresponding  to  the  config¬ 
uration  and  assumed  temperatures  of  the  sample 
and  guard.  It  was  estimated  from  these  results 
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that  when  the  thermocouple  on  the  top  part  of  the 
sample  indicated  the  same  temperature  as  the  guard 
ring,  the  sample  heater  contributed  only  16  percent 
of  the  total  longitudinal  heat  flow  in  the  powder, 
the  remainder  of  the  heat  being  furnished  by  the 
guard.  Under  this  condition,  about  0.2  percent  of 
the  heat  of  the  sample  heater  flowed  down  through 
the  insulating  powder.  The  uncertainty  of  this 
correction  was  estimated  to  give  less  than  0.1- 
percent  uncertainty  in  the  measured  thermal  con¬ 
ductivity. 

d.  Heat  Flow  Between  Sample  and  Guard 

Because  it  was  found  impractical  to  match  the 
sample  and  guard  temperatures  exactly  during  all 
conductivity  experiments,  experiments  were  made 
that  permitted  calculation  of  corrections  for  imper¬ 
fect  matching.  For  each  guard  thermocouple,  two 
thermal-conductivity  experiments  were  made,  vary¬ 
ing  only  the  difference  between  that  guard  thermo¬ 
couple  and  the  corresponding  thermocouple  on  the 
sample.  From  the  resulting  change  in  temperature 
gradient  on  the  sample  in  these  two  experiments,  it 
was  possible  to  estimate  a  correction  for  small 
differences  in  matching  guard  and  sample  thermo¬ 
couples.  It  was  calculated  that  there  was  an  uncer¬ 
tainty  of  about  50  percent  in  correcting  for  heat 
flow  between  the  sample  and  the  guard.  This 
uncertainty  resulted  in  an  average  uncertainty  in 
measured  conductivity  of  about  0.3  percent. 

e.  Heat  Flow  Into  Heat  Capacity  of  Sample 

If  the  temperature  of  the  sample  were  changing 
with  time,  some  of  the  heat  input  would  go  to 
produce  this  change,  and  the  temperature  gradient 
on  the  sample  would  not  correspond  to  the  heat 
input  at  the  top  of  the  sample.  In  all  experiments, 
the  rate  of  temperature  change  was  less  than  0.8  deg 
C/hr,  corresponding  to  an  effect  of  0.5  percent  in 
the  calculated  value  of  conductivity.  The  average 
uncertainty  in  the  correction  for  this  was  negligible. 

5.2.  Thermocouple  Spacing  (AX0) 

The  distance  between  the  principal  junctions  of 
the  upper  and  middle  sample  thermocouples  was 
4.97  cm  at  0°  C,  whereas  the  corresponding  distance 
for  the  middle  and  lower  thermocouples  was  5.05 
cm;  this  gives  10.02  cm  for  the  distance  between 
the  extreme  absolute  thermocouples.  The  distance 
between  junctions  on  the  differential  thermocouple 
was  10.01  cm.  These  distances,  taken  as  the  lengths 
between  centers  of  the  thermocouple  holes,  were 
measured  to  better  than  0.01  cm  with  a  traveling 
microscope,  but  because  the  thermocouples  were 
peened  into  holes  0.06  cm  in  diameter,  the  possibility 
of  nonuniform  thermal  contact  makes  a  tolerance  of 
0.03  cm  appear  more  realistic.  This  tolerance  cor¬ 
responds  to  0. 3-percent  uncertainty  in  the  10-cm 
spacing  between  the  sets  of  thermocouples  used  in 
the  conductivity  calculations.  The  effect  of  thermal 
expansion  on  both  thermocouple  spacing  and  cross- 
sectional  area  is  lumped  into  the  correction  (l  +  afa), 
which  is  described  later. 


5.3.  Cross-Sectional  Area  (A0) 

The  sample  was  ground  to  have  a  uniform  diameter 
of  0.4524 ±0.0003  in.,  corresponding  to  a  cross- 
sectional  area  of  1.038  cm2.  The  uncertainty  in 
this  area  was  estimated  to  be  less  than  0.1  percent. 

5.4.  Thermal-Expansion  Correction  (l±a£„) 

Thermal-expansion  changes  the  thermocouple 
spacing  by  the  factor  (l  +  <±a),  and  the  cross-sectional 
area  by  the  factor  (1+afJ2,  resulting  in  the  (1  +  oL) 
term  given  in  the  conductivity  equation.  The 
coefficient  of  linear  thermal  expansion  (a)  has  been 
determined  by  White  and  Schremp  [3].  At  the  high¬ 
est  temperatures  (747°  C)  of  the  conductivity  ex¬ 
periments,  the  correction  for  expansion  amounted 
to  about  0.6  percent,  with  negligible  uncertainty 
in  the  measured  conductivity. 

5.5.  Temperature  Difference  (At) 

The  accurate  measurement  of  the  temperature 
difference  on  the  sample  was  difficult,  requiring  a 
number  of  tests  to  eliminate  or  evaluate  certain 
errors.  As  described  in  section  3,  two  different 
thermocouple  systems  were  used  to  measure  the 
temperature  difference  over  the  10-cm  length  on  the 
sample.  The  two  independent  thermocouple  sys¬ 
tems  served  to  check  on  each  other,  usually  agreeing 
on  the  measured  temperature  difference  to  better 
than  1  percent. 

All  temperatures  were  measured  with  platinum- 
platinum-rhodium  thermocouples  of  No.  36  AWG 
wires.  A  sample  thermocouple  was  calibrated  at 
several  points  between  0°  and  1,000°  C  in  the  Pyrom- 
etrv  Laboratory  of  the  National  Bureau  of  Stand¬ 
ards.  No  significant  difference  was  observed  be¬ 
tween  the  thermoelectric  power  of  this  sample  and 
that  given  in  the  standard  tables  [4],  Even  though 
the  thermocouples  were  all  made  from  wire  off  the 
same  spools,  it  was  possible  that  they  had  slightly 
different  thermoelectric  powers.  Although  these 
differences  might  not  be  serious  for  measurement  of 
absolute  temperatures,  they  could  be  significant  for 
measurement  of  small  temperature  differences  at 
high  temperatures.  These  differences  were  auto¬ 
matically  accounted  for  by  the  calibration  experi¬ 
ments  mentioned  previously,  in  which  no  power  was 
put  into  the  sample  heater.  These  calibration  ex¬ 
periments  gave  differences  in  thermocouple  readings, 
which  increased  regularly  up  to  470°  C.  and 
amounted  to  as  much  as  7  nv  at  this  temperature. 
At  temperatures  approaching  750°  C,  the  differences 
became  both  larger  and  more  irregular,  so  that  after 
each  conductivity  experiment,  a  calibration  experi¬ 
ment  was  made  to  evaluate  the  differences. 

In  addition  to  the  differences  described  above,  the 
evaluation  of  At  was  uncertain  because  of  the  occa¬ 
sional  effect  of  high  humidity  on  the  potentiometer 
used  to  measure  the  thermocouple  emf.  This  effect 
was  observed  as  a  reading  on  the  potentiometer, 
even  when  the  potential  across  its  terminals  was 
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zero.  When  the  value  of  At  was  observed,  using 
the  differential  thermocouple,  the  value  was  subject 
to  the  full  potentiometer  uncertainty  (about  2  pv) 
because  only  one  reading  was  involved.  When  the 
value  of  At  was  determined  by  using  the  two  absolute 
thermocouples,  most  of  this  potentiometer  uncer¬ 
tainty  'was  reduced  (to  about  0.5  ptv)  because  the 
value  of  At  was  obtained  from  a  difference  of  two 
readings.  It  is  for  this  reason  that  the  uncertainties 
in  the  value  of  At,  using  the  differential  thermo¬ 
couple,  were  larger  than  the  uncertainties  when 
using  the  absolute  thermocouples,  averaging  about 
1.5  percent  as  compared  to  0.4  percent.  That  the 
two  thermocouple  systems  usually  agreed  to  better 
than  1  percent  is  evidence  that  the  error  due  to  the 
humidity  effect  on  the  potentiometer  was  not 
excessive. 

6.  Results 

The  results  of  the  individual  thermal-conductivity 
measurements  on  beryllium  oxide  are  given  in  table 
1.  Values  of  observed  conductivity  ( k )  are  given  as 
determined  by  using  each  of  the  thermocouple  sys¬ 
tems  (absolute  and  differential)  at  the  average  tem¬ 
perature  ( ta )  of  that  portion  of  the  sample  measured 
by  the  thermocouples.  At  the  lower  temperatures, 
where  the  thermal  conductivity  of  the  beryllium 
oxide  changes  rapidly  with  temperature,  small  cor¬ 
rections  to  conductivity  were  made  for  the  curvature 
of  the  conductivity-temperature  function.  In  this 
table,  the  quantities  given  are  corrected  for  all  known 


errors.  In  the  previous  discussion,  each  uncertainty 
has  been  estimated  by  the  authors  on  the  basis  that 
the  observed  quantity  would  have  an  equal  chance 
of  being  within  that  limit  as  being  outside  that 
limit.  These  uncertainties  have  been  combined 
(square  root  of  the  sum  of  the  squares)  and  arbitrar¬ 
ily  increased  by  over  a  factor  of  2  to  give  more 
realistic  values  of  estimated  error  listed  in  table  1. 

Table  1  indicates  that  the  results,  using  the 
absolute  thermocouples,  seem  to  be  reliable  to 
about  2  percent.  The  experiments  under  60°  C  are 
not  as  accurate  as  the  other  experiments.  This  is 
due  to  the  smaller  temperature  drop  in  the  sample, 
first  because  the  limitations  of  the  heat  sink  made 
it  necessary  to  use  lower  power,  and  second,  because 
the  thermal  conductivity  of  the  beryllium  oxide  was 
so  high  in  this  low-temperature  range.  The  larger 
error  estimated  by  using  the  differential  thermo¬ 
couple  in  this  low-temperature  region  is  due  to  the 
humidity  trouble  mentioned  previously.  No  results 
are  given  for  measurements  with  absolute  thermo¬ 
couples  above  500°  C  because  of  failure  of  their 
electrical  insulation. 

A  smooth  function  of  thermal  conductivity  was 
obtained  graphically  from  the  observed  values  in 
table  1,  giving  greatest  weight  to  those  values  hav¬ 
ing  the  smallest  estimated  errors.  Table  2  gives 
smoothed  values  of  the  conductivity  at  even  tem¬ 
peratures  as  obtained  from  the  graph.  Figure  2 
gives  the  deviations  of  the  results  (obtained  with  the 
two  different  thermocouple  systems)  from  the  smooth 


Table  1.  Experimental  results 


Date  (1954) 

ta 

Power 

Absolute  thermocouples 

Differential  thermocouples 

At 

Observed  k 

Estimated 
error  a 

At 

Observed  k 

Estimated 
error  a 

°C 

U) 

°C 

w/cm-°  C 

% 

°C 

w/cm-°  C 

% 

Aug.  25 _ _ 

38.2 

0.  8960 

3.  95 

2.  19 

5.4 

4.  11 

2. 10 

19.2 

Aug.  26 _ 

46.2 

1.  4452 

6.  84 

2.04 

3.2 

7.03 

1.98 

10.  7 

Aug.  25  ..  ...  . 

52.6 

1.  8894 

9.  41 

1.94 

2.6 

9.61 

1.90 

7.9 

Aug.  27.  . 

59.  7 

2.  3620 

12.  15 

1.879 

2.  1 

12.  33 

1.849 

6.2 

Aug.  24..  ...  .  . 

85.8 

3.  3179 

19. 16 

1.674 

1.  6 

19.  28 

1.661 

4.0 

Oct.  8 _ 

86.2 

3.  8007 

21.88 

1.  679 

1.  7 

22.  09 

1.660 

3.6 

Sept.  29 _ 

86.9 

3.  6073 

20.  90 

1.  668 

2. 1 

21.07 

1.652 

3.9 

Sept.  23 _ 

87.3 

3.  6084 

20.  86 

1.672 

1.8 

21.08 

1.  652 

3.7 

Sept.  30...  _ 

87.3 

3.  6138 

21.01 

1.662 

1.  7 

21. 17 

1.647 

3.7 

Aug.  31  _ 

91.4 

2.  5903 

15.  20 

1.647 

2.0 

15.  10 

1.655 

4.9 

Sept.  1 _ 

123.8 

2.  4474 

16.  26 

1.  454 

1.7 

16.  33 

1.446 

5.4 

Sept.  15..  ..  .. 

153.0 

2.  4894 

18.  27 

1.316 

1.  7 

18.  36 

1.308 

4.  1 

Sept.  2...  _ 

153.4 

2.  4795 

18.  27 

1.311 

1.8 

18.  37 

1.302 

4.2 

Oct.  11 _ 

202.  0 

3.  9603 

33.80 

1.  131 

2.0 

33.  65 

1.  135 

2.6 

Aug.  23  b . . 

202.  1 

3.  8745 

33.29 

1.  124 

1.6 

33.  10 

1. 128 

2.4 

Aug.  18 _ 

241.  5 

3.  7312 

36.20 

0.995 

1.  7 

35.  87 

1.002 

2.3 

Aug.  19  .  _ 

241.  4 

3.  7396 

36.  51 

.989 

2.2 

36.  19 

0.  996 

2.  7 

Aug.  20  b  _ _ 

251.4 

0.  8739 

8.95 

.942 

2.2 

8.  85 

.952 

6.  5 

Sept.  20 _  .. 

287.3 

2.  3441 

25.  93 

.872 

1.8 

25.  54 

.884 

2.8 

Sept.  17 . . 

287.7 

2.  3378 

25. 87 

.872 

1.9 

25.  71 

.876 

2.9 

Oct.  7. _ _ 

379.5 

3.  5169 

48.  12 

.  704 

1.5 

47.  77 

.709 

2.0 

Oct.  5 _ 

380.4 

3.  5378 

48.  64 

.  701 

1.9 

47.60 

.  715 

2.3 

Oct.  12 _ 

439.  2 

3.  3054 

51.83 

.614 

1.2 

51.82 

.614 

1.  7 

Oct.  18 _ 

517.  2 

2.  9239 

53.63 

.524 

2.  7 

Oct.  19 _ 

578.  7 

2.  5664 

51.  54 

.478 

3.  5 

Oct.  20 _ 

646.  7 

2.  7048 

59.  94 

.  433 

2.  4 

Nov.  2__  .  _  _ 

747.  9 

2.  6370 

65.  84 

.384 

4.  3 

a  Estimated  error  is  the  authors’  estimate,  considering  only  the  various  uncertainties  mentioned  in  the  text. 
b  The  results  on  August  20  and  23  represent  averages  of  2  experiments  on  each  day. 
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function.  At  50°  C  and  below,  the  observed  values 
deviate  markedly  from  the  smooth  function,  giving 
values  at  40°  C  that  are  4  percent  different.  These 
deviations  are  probably  due  to  the  very  small  tem¬ 
perature  difference  of  4°  C  in  the  sample,  so  that 
errors  in  the  measurement  of  this  temperature  differ¬ 
ence  have  greater  influence  on  the  result.  Figure  2 
also  shows  the  results  at  251°  C  to  be  about  3  per¬ 
cent  lower  than  the  other  results.  It  seems  probable 
that  this  departure  is  also  due  to  the  lower  tem¬ 
perature  difference  on  the  sample  resulting  from  the 
lower  power;  the  power  here  was  only  one-fourth  the 
power  in  the  other  experiments  in  this  temperature 
range.  If  it  is  assumed  that  there  existed  an  un¬ 
known  constant  absolute  error  in  either  heat  flow  or 
temperature  difference,  the  deviations  of  about  3 
percent  in  the  low-power  experiments  would  indi¬ 
cate  that  the  experiments  with  the  higher  power 
might  be  in  error  by  about  0.8  percent.  Conse¬ 
quently,  the  authors  believe  that  the  over-all  ac¬ 
curacy  of  the  results  is  more  likely  to  be  about  3 
percent  instead  of  the  2  percent  indicated  by  the 
estimated  errors  listed  in  table  1. 

Table  2.  Thermal  conductivity  of  BeO  (density  =  2. 6 2  g/cmB) 


(Smoothed  values) 


t 

k 

t . 

/; 

°  c 

w/cm-0  C 

°  C 

w/cm-°  C 

30 

2.  155 

400 

0.  666 

50 

1.967 

450 

.  598 

100 

1.  581 

500 

.  541 

150 

1.328 

550 

.498 

200 

1.  131 

600 

.462 

250 

0.  972 

650 

.433 

300 

.845 

700 

.  406 

350 

.  746 

748 

.  384 
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Figure  2.  Deviations  of  beryllium  oxide  thermal-conductivity 

data. 

Base  line=NBS  smoothed  data. 

O,  NBS  (absolute  couples);!!],  NBS  (differential  couples). 


Ao  attempt  has  been  made  to  correct  the  thermal- 
conductivity  values  lor  the  XBS  sample  to  corre¬ 
spond  to  zero  porosity.  Because  the  density  of  this 
sample  was  only  2.62  g/em3  compared  to  about  3.0 
lor  the  ideal  crystal,  the  thermal  conductivity  of  the 
crystal  should  lie  significantly  higher  than  the  values 
given  in  table  2.  From  the  investigation  of  Fraud 
and  Kingery  [5],  it  would  appear  that  the  conduc¬ 
tivity  of  tfie  ideal  crystal  would  be  about  15  percent 
higher.  However,  the  measurements  of  Powell  [6] 
on  beryllium  oxide  specimens  (densities  1.85  to  2.82 
g/cm3)  would  indicate  a  much  larger  correction.  The 
authors  feel  that  the  correction  for  porositv  is  un¬ 
certain  and  that  there  are  other  factors  beside  poros¬ 
ity  that  also  should  be  accounted  for.  One  of  these 
factors  is  the  degree  of  bonding  of  the  individual 
particles  by  the  firing  process. 


7.  Comparison  With  Other  Results 


Figure  3  gives  a  comparison  of  the  results  of  the 
NBS  measurements  on  BeO  with  the  results  of 
measurements  at  other  laboratories  on  other  samples. 
At  the  lower  temperatures,  the  agreement  with 
Scholes  [7]  is  probably  as  good  as  the  physical  states 
of  the  two  samples  permit.  Scholes  used  a  sample 
having  a  density  of  about  2.97  g/cm3  as  compared 
with  the  NBS  sample  having  a  density  of  2.62.  At 
higher  temperatures,  the  results  of  Franc!  and 
Kingery  [5]  are  consistently  higher  than  the  NBS 
results.  They  used  a  sample  having  a  densitv  of 
2.86  g/cm3,  but  this  would  probably  account  for 
only  a  small  part  of  the  difference.  The  results  of 
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Figure  3.  Comparison  of  beryllium  oxide  thermal- conductivity 

data. 


Base  line=NBS  smoothed  data. 

A,  Scholes  (1950);  O.  Francl  and  Kingery  (1954);  •,  Adams  (1954);  □,  Powell 
(1954);  Q,  Weeks  and  Seifert  (1953). 
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Adams  [8]  arc  lower  than  the  NRS  results  at  higher 
temperatures,  even  though  the  samples  had  about 
the  same  densities  (2.7  as  compared  to  2.62).  Pow¬ 
ell  [6]  measured  the  thermal  conductivities  of  several 
samples  of  BeO  having  densities  ranging-  from  1.85 
to  2.82.  His  results,  shown  in  figure  2,  are  interpo¬ 
lated  for  a  density  of  2.62  to  compare  with  the  NRS 
results;  in  general,  the  agreement  is  very  good. 
Weeks  and  Seifert  [9]  determined  the  conductivity 
of  a  sample  of  BeO  (density  2.0)  at  70°  C.  Their 
agreement  with  the  NBS  value  is  probably  better 
than  the  differences  in  the  samples  warrant. 
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Thermal  Conductivity  of  Nitrogen  from  50°  to  500°C  and 

1  to  100  Atmospheres* 

R.  L.  Nuttall1  and  D.  C.  Ginnings 

A  new  apparatus  has  been  constructed  for  measurements  of  the  thermal  conductivity 
of  gases  up  to  500°C  and  100-atmosphere  pressure.  The  parallel-plate  method  was  used 
with  a  spacing  of  about  0.5  millimeter  between  the  hotplate  and  coldplate.  A  capacitance 
method  was  used  to  measure  the  effective  spacing  and  area  of  the  plates  under  the  conditions 
of  the  experiment.  No  solid  material  was  used  between  the  plates.  The  effect  of  radiation 
was  minimized  by  use  of  polished  silver  parts  and  was  accounted  for  by  experiments  with  the 
conductivity  cell  evacuated.  Measurements  on  nitrogen  were  made  at  1,  50,  and  100 
atmospheres,  and  from  50°  to  500°C.  It  is  believed  that  the  accuracy  of  the  results  is 
about  0.5  percent,  except  at  the  highest  gas  densities. 


1.  Introduction 

Accurate  data  on  the  thermal  conductivity  of  gases 
are  needed  for  two  reasons.  First,  they  are  needed 
to  check  present  theories  of  heat  conduction  in  gases. 
Experimental  measurements  at  very  high  tempera¬ 
tures  and  pressures  are  extremely  difficult,  so  that 
theoretical  means  of  predicting  thermal  conductiv¬ 
ities  in  this  range  are  needed.  Second,  accurate  data 
are  needed  on  at  least  one  gas  so  that  engineering 
data  on  other  gases  can  be  obtained  with  relatively 
simple  apparatus  by  a  comparison  method.  The 
present  apparatus  was  constructed  primarily  to  fur¬ 
nish  very  accurate  data  for  use  as  standards  by 
others  making  thermal-conductivity  measurements 
on  gases.  Nitrogen  was  chosen  as  the  first  gas  to 
be  measured  for  several  reasons.  More  measure¬ 
ments  have  been  made  on  nitrogen  than  on  any  other 
pure  gas.  It  is  readily  available  in  a  state  of  high 
purity  and  is  entirely  suitable  as  a  standard  reference 
gas  for  use  in  calibrating  apparatus  for  relative 
measurements. 


2.  Method 

Measurements  of  thermal  conductivity  of  gases 
in  a  steady  state  have  been  made  by  two  general 
methods,  radial  heat  flow  and  linear  heat  flow. 
Most  measurements  have  been  made  with  radial 
heat  flow,  either  from  a  hot  wire  or  between  coaxial 
cylinders.  In  principle,  these  measurements  are  sus¬ 
ceptible  to  convection  errors.  Elimination  of  these 
errors  at  the  high  pressures  requires  extremely  small 
dimensions,  which  may  be  difficult  to  determine. 
The  linear  heat  flow  method  is  free  from  convection 
if  the  heat  flow  is  downward.  For  this  reason,  the 
parallel-plate  method  was  chosen  for  these  measure¬ 
ments  up  to  100  atm.  The  spacing  between  the 
plates  was  made  small  to  minimize  the  error  caused 
by  radial  heat  transfer.  In  addition,  the  small  spac¬ 
ing  reduces  the  possibility  of  convection  in  case  the 
plates  are  not  quite  horizontal. 


The  correction  for  heat  transfer  by  radiation 
between  the  hotplate  and  the  coldplate  was  evaluated 
by  an  experiment  with  the  conductivity  cell  evacu¬ 
ated.  Of  course,  this  assumes  that  no  appreciable 
part  of  the  radiation  is  absorbed  by  the  gas  in  the 
conductivity  experiment.  In  all  the  experiments,  it 
was  necessary  to  know  the  effective  spacing  between 
the  plates.  Frequently,  solid  spacers  (of  known 
dimensions)  are  used  between  the  hotplate  and  cold¬ 
plate.  No  such  spacers  were  used  in  this  apparatus 
because  it  was  believed  that  the  heat  transfer 
through  the  contact  area  of  the  spacers  and  plates 
might  be  different  with  gas  present  than  with  the 
cell  evacuated.  The  radiation  correction  experi¬ 
ment  would  thus  be  partially  invalidated.  The 
effective  spacing  was  measured  by  a  capacitance 
method  under  the  actual  conditions  of  the  experi  ■ 
ment.  This  method  has  several  advantages  over  the 
usual  method  with  measured  spacers.  First,  the 
above-mentioned  uncertainty  in  the  effect  of  contact 
is  eliminated.  Second,  the  capacitance  method 
automatically  accounts  for  any  change  in  dimensions. 
Third,  because  the  direct  capacitance  between  the 
hotplate  and  coldplate  is  measured,  nonlinear  heat 
flow  at  the  circumference  of  the  hotplate  is  accounted 
for. 

T1  le  thermal  conductivity,  k  (w  cm  1  deg  C-1),  for 
heat  flow  between  parallel  plates  is  given  by  the 
equation 


,  QaX 
k~  At  A’ 


(1) 


where  Q  is  the  rate  of  heat  (watts)  flowing  only  by 
conduction  from  the  hotplate  through  the  gas  to  the 
coldplate,  At  is  the  temperature  difference  (deg  C) 
between  the  hotplate  and  coldplate,  AX  is  the 
effective  distance  (cm)  between  the  two  plates,  and 
A  is  the  effective  area  (cm2)  of  the  hotplate.  The 
factor  AX  I A  may  be  considered  as  the  constant  of 
the  “conductivity  cell”  determined  by  the  capaci¬ 
tance  method,  so  that 
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where  C  is  the  direct  capacitance  (micromicrofarads) 
between  the  hotplate  and  the  coldplate,  assuming 
the  material  between  the  plates  to  have  a  dielectric 
constant  of  unity  corresponding  to  a  vacuum.  With 
the  gas  between  the  plates,  a  small  correction  must 
be  made  for  its  dielectric  constant.  The  conduction 
equation  (2)  would  apply,  of  course,  to  any  two 
surfaces,  as  well  as  to  parallel  plates,  provided  only 
that  the  temperature  and  electric  fields  are  geo¬ 
metrically  similar. 

3.  Experimental  Procedure 
3.1.  Apparatus 

The  general  assembly  of  the  thermal-conductivity 
cell,  the  pressure  vessel,  and  the  surrounding  furnace 
is  shown  in  figure  1.  The  hotplate  (H),  coldplate 
(J),  guard  (F),  and  auxiliary  guard  (E)  are  shown 
schematically.  The  pressure  vessel  (G)  is  made  of 
stainless  steel  and  is  sealed  with  a  Monel  gasket  (D). 
Th  is  vessel  is  surrounded  by  a  furnace  (K)  and 
furnace  “neck”  (C),  which  are  made  of  aluminum 
and  are  equipped  with  electric  heaters  in  numerous 
porcelain  tubes  in  the  aluminum.  The  furnace 
temperature  was  automatically  controlled  by  means 
of  a  platinum  resistance  thermometer  and  bridge 
circuit.  The  furnace  neck  was  controlled  relative 
to  the  furnace  by  means  of  a  thermocouple.  The 
pressure  vessel  extends  upward  out  of  the  furnace 
region  so  that  the  electric  leads  can  be  brought  out 
of  the  pressure  vessel  in  a  cold  region.  The  cooling 
coil  (B)  dissipates  the  heat  from  the  furnace,  so  that 
t lie  top  is  cool.  The  electric  leads  (all  No.  32  gold 
wire)  are  brought  up  from  the  auxiliary  guard 
through  three  Inconel  tubes,  which  serve  as  electro¬ 
static  shields,  as  described  later.  There  are  29  of 
these  leads,  which  are  brought  out  of  the  pressure 
vessel  through  a  pressure  seal,  A.  These  leads  go 
out  radially  between  two  “Kel-F”  (polychlorotri- 
fluoroethylene)  disks,  which  are  pressed  together  for 
the  seal. 

A  number  of  difficulties  were  encountered  before 
obtaining  a  successful  seal  at  A.  At  first,  the 
material  Teflon  (polytetrafluoroethylene)  was  used, 
but  it  was  found  to  flow  excessively  at  the  high 
pressures  necessary  for  the  seal.  The  method 
finally  used  for  this  seal  was  to  mold  Kel-F  around 
the  gold  wires  at  about  200°  C. 

The  vital  parts  of  the  thermal-conductivity  ceil 
are  shown  in  figure  2.  The  hotplate  (M),  coldplate 
(O),  guard  (E),  and  auxiliary  guard  (B)  are  all  made 
of  silver  to  minimize  temperature  gradients  and  heat 
transfer  by  radiation.  The  hotplate  is  made  of  three 
parts,  silver-soldered  together.  The  hotplate  heater 
(L)  is  located  between  the  lower  parts  and  consists  of 
about  55  ohms  (at  25°  C)  of  (0.05-mm  diameter) 
platinum  wire  insulated  with  mica.  Gold  leads 
from 'this  heater  are  brought  out  through  the  tem¬ 
pering  region  located  at  H  between  the  upper  two 
silver  pieces  of  the  hotplate  and  then  to  the  thermal 
tie-down,  F.  The  purpose  of  this  thermal  tie-down 


Figure  1.  Thermal-conductivity  apparatus. 

A,  Pressure  seal  for  electric  leads;  B,  cooling  coil;  C,  furnace  neck;  D,  Monel 
gasket;  E,  auxiliary  guard;  F,  guard;  O,  pressure  vessel;  H,  hotplate;  J,  coldplate; 
K,  furnace. 


Figure  2.  Thermal-!  onductivity  cell. 

A,  C,  F,  H,  P,  Thermal  tie-downs  for  electric  leads;  B,  auxiliary  guard;  D.  Q, 
platinum  resistance  thermometers;  E,  guard;  G,  silver  screw;  J,  quartz  supports 
for  hotplate;  K,  aluminum  insert;  L,  hotplate  heater;  M,  hotplate;  N,  quartz 
spacers;  0,  coldplate. 
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is  to  bring  the  leads  as  close  as  possible  to  the  tem¬ 
perature  of  the  silver.  This  type  of  tie-down  is  used 
extensively  throughout  the  apparatus  and  consists 
of  a  gold  terminal  insulated  between  thin  mica  disks 
and  held  down  to  the  silver  by  a  nut  threaded  on  a 
machine  screw.  The  gold  terminal  is  spaced  around 
the  screw  so  that  it  is  insulated  from  it. 

The  hotplate  is  supported  by  the  guard  ring  at 
three  points,  using  quartz  supports  (J),  so  that  the 
bottom  plane  of  the  hotplate  is  in  the  same  plane  as 
the  bottom  of  the  guard  ring.  Because  the  co¬ 
efficient  of  thermal  expension  of  quartz  is  lower  than 
that  of  silver,  an  aluminum  insert  (K)  having  a 
higher  coefficient  than  quartz  was  used  with  the 
quartz  for  compensation.  The  quartz  is  held  tightly 
against  the  hotplate  by  the  silver  screw  (G)  pressing 
against  the  aluminum  insert.  The  guard  (E)  sur¬ 
rounds  the  hotplate,  except  where  it  is  exposed  to 
the  coldplate.  In  the  vital  region  near  the  cold- 
plate,  the  guard  is  spaced  about  0.5  mm  from  the 
hotplate.  The  assembly  of  the  guard  and  hotplate 
is  held  about  0.5  mm  from  the  coldplate  by  three 
quartz  spacers  (N)  between  the  guard  and  coldplate. 
In  this  region,  the  silver  was  highly  polished  to 
reduce  heat  transfer  by  radiation.  Heaters  (not 
shown)  are  installed  in  both  the  guard  and  coldplate. 

The  temperatures  of  the  guard  and  coldplate  are 
measured  by  using  the  platinum  resistance  ther¬ 
mometers  (D)  and  (Q),  respectively,  in  conjunction 
with  a  Mueller  bridge.  These  strain-free  ther¬ 
mometers  are  not  sealed.  All  leads  (gold)  from 
these  two  thermometers  are  thermally  tied  down  at 
C  and  P,  respectively,  so  that  the  temperatures  of 
the  platinum  resistance  thermometers  are  not 
affected  by  heat  conduction  along  the  leads.  The 
temperature  difference  between  the  guard  and  hot¬ 
plate  is  determined  by  means  of  a  multiple-junction 
thermopile,  using  four  No.  36  Chromel  P-Alumel 
thermocouples  in  series.  This  thermopile  has  one 
set  of  electrically  insulated  junctions  at  F  on  the 
hotplate  and  the  other  set  at  C  on  the  guard. 

Experiments  indicated  the  desirability  of  providing 
another  thermal  tie-down  zone  for  all  electric  leads 
before  they  go  out  from  C  to  the  cold  region.  For 
this  purpose,  the  silver  auxiliary  guard  (B)  was  used 
with  a  heater  built  in  to  provide  the  bulk  of  the  heat 
flow  up  along  the  electric  leads.  All  three  silver 
pieces,  (B),  (E),  and  (O),  are  held  together  by  long 
machine  screws  fastened  in  the  bottom  of  the  sur¬ 
rounding  pressure  vessel.  These  four  pieces  are  all 
electrically  insulated  from  one  another. 

The  effective  operation  of  the  thermal-conductivity 
apparatus  depended  upon  the  proper  temperature 
control  of  the  various  components.  For  this  pur¬ 
pose,  five  automatic  thermoregulators  were  used  to 
control  the  temperatures  of  the  coldplate,  guard, 
auxiliary  guard,  furnace,  and  the  furnace  neck. 
These  thermoregulators  were  actuated  by  thermo¬ 
couples  or  resistance  thermometers  (not  the  meas¬ 
uring  resistance  thermometers'),  and  they  consisted 
essentially  of  “chopper-amplifiers”  operating  satur¬ 
able  reactors  in  the  heater  circuits.  The  guard  was 
maintained  at  the  same  temperature  as  that  of  the 


hotplate  by  means  of  the  differential  thermopile  pre¬ 
viously  mentioned.  This  temperature  control  was 
the  most  important;  it  maintained  constancy  of 
temperature  to  about  0.001  deg  C.  The  auxiliary 
guard  was  maintained  at  the  same  temperature  as 
the  guard  by  a  single  differential  thermocouple.  As 
a  result  of  the  effectiveness  of  the  thermoregulation 
in  the  thermal-conductivity  apparatus,  all  the  ob¬ 
servations  on  the  thermal  conductivity  of  nitrogen 
were  made  by  one  person.  Both  the  electric  power 
in  the  hotplate  heater  and  the  thermocouple  readings 
were  observed  with  a  precision  potentiometer. 

A  capacitance  bridge  was  used  to  measure  the 
capacitance  between  the  hotplate  and  the  coldplate. 
This  bridge  permitted  the  accurate  measurement  of 
small  direct  capacitances,  even  though  relatively 
large  capacitances  exist  between  the  “ground”  and 
the  plates.  To  eliminate,  as  far  as  possible,  errors  of 
measurement  in  capacitance,  a  calibrated  capacitor 
having  about  the  capacitance  of  the  thermal-con¬ 
ductivity  cell  (about  10  ju/ff)  was  used  as  a  reference 
and  the  measurements  made  by  a  substitution 
method.  In  this  measurement,  the  same  internal 
capacitance  to  ground  was  kept  in  the  bridge  circuit, 
so  that  the  capacitance  measurement  approached 
very  closely  to  the  ideal  comparative  measurement, 
giving  an  accuracy  comparable  with  the  accuracy  of 
the  calibrated  capacitor.  Much  care  was  taken  to 
avoid  significant  capacitance  between  the  leads  from 
the  hotplatt?  and  coldplate.  They  were  effectively 
shielded  from  each  other  by  bringing  leads  out 
through  separate  grounded  Inconel  tubes  and  by 
proper  location  of  the  leads  that  pass  through  the 
pressure  seal. 

For  the  measurement  of  the  pressure  of  the  gas  in 
the  conductivity  cell,  calibrated  Bourdon  gages  were 
used.  The  requirement  for  accuracy  on  these  gages 
was  not  great  because  the  variation  of  thermal  con¬ 
ductivity  with  pressure  was  much  smaller  than  the 
change  with  temperature. 

3.2.  Purity  of  Nitrogen 

The  nitrogen  used  was  extra-dry  high-purity, 
obtained  from  the  Linde  Air  Products  Co.,  who 
stated  that  impurities  did  not  exceed  100  ppm. 
Cryoscopic  measurements  made  by  G.  F.  Furukawa 
at  the  National  Bureau  of  Standards  with  an  adia¬ 
batic  calorimeter  showed  liquid-soluble  solid-in¬ 
soluble  impurities  to  be  about  10  ppm.  The  conduc¬ 
tivity  cell  was  filled  with  this  nitrogen,  which  had 
been  passed  through  a  silica-gel  dryer  and  a  filter 
made  of  glass  wool. 

3.3.  Procedure 

The  general  procedure  was  to  set  the  furnace  con¬ 
trols  to  the  desired  temperature,  fill  the  conductivity 
cell  with  gas  at  the  desired  pressure,  and  put  in  a 
chosen  electric  power  in  the  hotplate.  With  the  cold¬ 
plate  automatically  regulated  to  a  constant  tempera¬ 
ture  and  the  guard  temperature  automatically  con¬ 
trolled  to  the  temperature  of  the  hotplate,  the  hot- 
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plate  temperature  became  constant.  After  the 
capacitance  between  the  two  plates  was  measured, 
alternate  measurements  of  electric  power  (IT)  and 
temperature  difference  (At)  between  the  plates  were 
made  until  the  constancy  of  their  values  indicated 
that  a  steady  state  had  been  reached.  The  power  in 
the  hotplate  was  then  changed  so  that  similar  meas¬ 
urements  were  made  at  three  or  more  powers.  The 
gas  pressure  was  then  changed  and  measurements 
were  repeated  for  each  of  the  pressures  0.7,  50,  and 
100  atm.  All  of  these  measurements  were  made  at 
50°,  100°,  200°,  300°,  400°,  and  500°. 

According  to  eq  (2),  the  three  quantities  needed  to 
determine  the  thermal -conductivity  coefficient,,  k, 
are  the  rate  of  heat  flow,  Q,  the  temperature  differ¬ 
ence,  At,  and  the  direct  capacitance,  C,  between  the 
hotplate  and  coldplate.  Each  of  these  quantities  is 
discussed  in  detail  below. 

In  order  to  obtain  Q  from  IT,  the  measured  electric 
power  in  the  hotplate,  it  is  necessary  to  account  for 
all  heat  flow  from  the  hotplate  other  than  by  conduc¬ 
tion  through  the  gas.  The  possible  paths  of  this  heat 
flow  are  (1)  to  the  surrounding  guard  by  conduction 
and  convection  through  gas,  conduction  through 
lead  wires,  and  radiation,  (2)  to  the  coldplate  by  con¬ 
vection,  and  (3)  to  the  coldplate  by  radiation. 

Preliminary  experiments  were  made  to  determine 
the  heat-transfer  coefficient  between  the  guard  and 
hotplate.  Results  of  these  experiments  showed  that 
an  uncertainty  in  conductivity  of  less  than  0.1  per¬ 
cent  would  be  caused  by  a  temperature  difference 
between  the  guard  and  the  hotplate  of  0.001°  C.  It 
was  found  possible  to  control  the  temperature  dif¬ 
ference  automatically  to  about  this  value. 

The  conductivity  cell  was  designed  to  eliminate 
any  convection  currents.  If  convection  does  exist, 
it  will  cause  an  apparent  change  in  the  value  of  k 
with  change  in  power  input.  At  the  lower  gas 
densities,  no  such  change  was  observed,  and  con¬ 
vection  effects  seemed  absent.  However,  at  the 
higher  gas  densities,  k  appeared  to  vary  with  power. 
The  apparent  k  values  were  corrected  by  extrap¬ 
olating  to  zero  power  input.  This  apparent  change 
in  k  with  power  is  believed  to  be  due  to  a  “  chimney  ”- 
type  convection  resulting  from  gas  flowing  into  the 
space  between  the  guard  and  coldplate  and  out  of  the 
holes  (not  shown  in  fig.  2)  provided  for  electric  leads 
in  the  top  of  the  guard.  It  is  expected  that  blocking 
of  these  spaces  would  have  eliminated  this  effect. 

The  heat  transfer  by  radiation  was  accounted  for 
by  measurements  with  the  cell  evacuated.  This 
power  (WT)  transferred  between  two  parallel  plates 
can  be  expressed  as 

Wr=eAa(Tt-T\),  (4) 

where  e  is  an  effective  emissivity  of  the  surfaces,  A  is 
an  effective  area,  a  is  the  Stefan-Boltzmann  constant, 
and  Ti  and  T2  are  the  absolute  temperatures.  If  the 
temperature  difference,  At,  is  small  compared  to  the 
average  temperature,  T—  0.5  (T2AT1),  then  the 
transfer  equation  can  be  simplified  to 

ITr=4  eAaT3At—BT3At.  (5) 


The  constant  B  was  evaluated  in  preliminary  experi¬ 
ments  over  the  entire  temperature  range  with  the 
conductivity  cell  evacuated.  The  gas  pressure  in  the 
cell  in  these  experiments  was  estimated  to  be  less 
than  10~5  mm  of  mercury.  During  the  progress  of 
the  experiments  with  gas,  the  constant  B  was  checked 
periodically  at  temperatures  of  350°  C  and  below  to 
test,  for  possible  changes  in  emissivity  with  time. 
Higher  temperatures  were  not  rechecked  for  reasons 
to  be  discussed  later  with  temperature  measurement. 

The  direct  capacitance  (C)  between  the  hotplate 
and  coldplate  was  measured  by  a  substitution  method 
using  a  calibrated  standard  and  a  Svlvania  type  125 
capacitance  bridge.  The  precision  of  the  bridge 
reading  was  better  than  the  certified  accuracy  of  the 
standard  capacitor. 

The  capacitance,  (\  in  eq  (2)  is  that  measured  in 
vacuum.  For  measurements  with  gas  in  the  cell, 
correction  must  be  made  for  the  dielectric  constant, 
e,  of  the  gas.  e  was  determined  by  using  the 
Clausius-Mosotti  equation 

Ak=Dp,  (6) 

where  D  is  a  constant  independent  of  temperature 
for  nonpolar  gases,  and  p  is  the  gas  density.  The 
value  used  for  Z?  was  1953X10-7  [1]  2  when  p  is  in 
Amagat.  units  [2],  Although  the  correction  for  t he 
dielectric  constant  of  the  nitrogen  may  amount  to 
1  or  2  percent  at  the  highest  densities,  it  is  believed 
that  the  uncertainties  in  k  due  to  this  correction  are 
less  than  0.01  percent. 

Temperature  measurements  were  made  with  the 
resistance  thermometers  in  the  coldplate  and  the 
guard,  together  with  the  four-junction  thermopile 
between  the  guard  and  the  hotplate.  These  resist¬ 
ance  thermometers  were  calibrated  by  the  NBS 
Temperature  Measurements  Section  before  assembly 
of  the  cell.  It  was  found,  however,  that  when  the 
system  was  kept  under  high  vacuum  at  temperatures 
above  400°  C,  the  thermometer  characteristics 
changed  slightly.  This  was  probably  due  to  con¬ 
tamination  of  the  platinum  by  other  metals  in  the 
system.  Such  a  change  took  place  during  the  deter¬ 
mination  of  radiation  corrections  at  500°  C.  Rather 
than  dismantle  the  apparatus  to  recalibrate  the 
thermometers,  it  was  thought  that  sufficient  accuracy 
could  be  retained  if  the  two  thermometers  were 
compared  in  place.  In  this  way,  the  temperature 
difference  would  be  known  more  accurately  than  the 
absolute  temperature.  This  procedure  is  valid  only 
because  the  evaluation  of  t lie  temperature  difference, 
At,  is  the  important  factor,  whereas  the  change  in 
thermal  conductivity  with  temperature  is  small.  It 
is  estimated  that  after  this  procedure,  the  accuracy 
of  the  measurement  of  At  was  0.002  deg  C  and  of 
average  temperature  T  was  0.01  deg  C. 


5  Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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4.  Results 


Table  1.  Experimental  results  on  nitrogen 


The  results  of  the  measurements  are  given  in 
table  1.  The  first  column  gives  the  temperature  of 
the  experiment,  which  is  the  mean  of  the  hotplate 
and  coldplate  temperatures.  The  second  column 
gives  the  power  (IT)  put  into  the  hotplate  (as  meas¬ 
ured  electrically)  with  nitrogen  in  the  conductivity 
cell.  Values  of  power  WT ,  given  in  the  third  column, 
are  based  on  experiments  with  the  conductivity  cell 
evacuated  and  are  calculated  from  eq  (5).  These 
values  are  subtracted  from  the  corresponding  values 
of  W  to  give  Q,  as  used  in  eq  (2).  Over  40  experi¬ 
ments  were  made  to  determine  the  value  of  B  in 
this  equation.  A  value  of  7?=4.90X  10-12  w/deg4  in 
this  equation  was  found  to  fit  the  results  best.  The 
values  of  B  calcidated  from  the  individual  vacuum 
experiments  deviated  on  the  average  about  4  per¬ 
cent  from  the  above  value,  and  seemed  to  be  inde¬ 
pendent  of  temperature.  Because  the  maximum 
values  of  WT  are  only  3  percent  of  the  corresponding 
values  of  W,  an  error  of  4  percent  in  B  would  cause 
a  maximum  error  of  only  about  0.1  percent  in 
conductivity  k. 

The  values  of  temperature  difference  At  given  in 
column  4  are  based  on  measurements  with  the  two 
resistance  thermometers  and  the  thermopile,  which 
was  used  only  as  a  “null”  indicator.  Column  5 
gives  the  values  of  capacitance  C  (as  used  in  eq  (2)) 
between  the  hotplate  and  coldplate  as  determined 
at  the  same  time  and  under  the  same  conditions  of 
the  conductivity  experiment.  These  values  have 
been  corrected  for  the  dielectric  constant  of  the 
nitrogen. 

The  values  of  “apparent”  thermal  conductivity, 
k*,  given  in  column  6,  were  calculated  from  eq  (2). 
These  values,  when  corrected  to  even  temperatures, 
seem  to  be  free  from  error  due  to  convection  in  that 
they  are  usually  independent  of  power,  except  at 
some  of  the  highest  pressures,  as  mentioned  earlier. 
Because  this  effect  is  believed  to  be  due  to  a  chimney- 
type  convection,  it  should  diminish  at  lower  power 
inputs.  Therefore,  the  values  of  k*  were  extrapo¬ 
lated  to  zero  power  to  give  “true”  conductivities,  k. 
In  the  worst  case,  at  100-atm  pressure  and  50°  C, 
the  extrapolation  is  over  a  large  range  of  values  of 
k*.  However,  it  is  believed  that  this  extrapolation 
should  introduce  only  a  relatively  small  error.  The 
results  from  the  three  experiments  at  different  powers 
were  fitted  by  the  method  of  least  squares  to  a 
linear  equation  in  power.  The  maximum  deviation 
of  the  observed  values  of  k*  in  this  linear  equation 
was  only  0.28  percent,  so  that  it  is  believed  that  the 
linear  extrapolation  was  adequate. 

At  low  pressures  the  effect  of  temperature  discon¬ 
tinuity  near  the  walls  may  become  significant.  This 
has  been  taken  into  account  for  the  0.7-atm  data  by 
use  of  the  equation 
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The  “temperature-jump  distance”,  g,  is  related  to 
the  “accommodation  coefficient”,  a,  the  relation 
[16]: 

(8) 

in  which  R  is  the  gas  constant,  T  the  absolute  tem¬ 
perature,  k  the  thermal  conductivity,  Cv  the  con¬ 
stant-volume  specific  heat,  7  the  specific-heat  ratio, 
and  P  the  pressure  of  the  gas.  Values  of  a  for  nitro¬ 
gen  on  silver  vary  from  about  0.8  at  room  tempera¬ 
ture  to  0.4  at  800°  C  [6].  The  value  of  0.5  was 
chosen  as  the  most  probable  for  the  temperature 
range  of  these  experiments. 

Values  of  observed  conductivity  k,  corrected  to 
even  temperatures,  are  listed  in  column  2  of  table  2. 
In  order  to  facilitate  interpolation  of  the  results  be¬ 
tween  the  observed  points,  empirical  equations  were 
derived  to  give  conductivity  as  a  function  of  tem¬ 
perature  at  each  of  the  three  pressures.  These 
equations  are  as  follows: 

k=1.059ri(Cv+^Rj  (pressure,  0.7  atm),  (9) 

104&  =  2. 714  +  0. 005897f  (pressure,  50  atm),  (10) 

104&  =  3. 161  +2. 9317  X  10"3*+9.0761  X10-6£2- 

8.  8318X  10-9£3  (pressure,  100  atm)  (11) 

In  these  equations,  k  is  in  watts  cm-1  deg-1,  t  is  in 
deg  C,  rj  is  viscosity  (poise),  Cw  is  heat  capacity 
(j  g-1  deg-1),  at  constant  volume,  and  K  is  the  gas 
constant  (8.317/28.016  j  g-1  deg-1).  The  values  of 
viscosity  and  heat  capacity  used  in  eq  (9)  were  ob¬ 


Table  2.  Thermal  conductivity  of  nitrogen 
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.0 

tained  from  NBS  Circular  564  (Nov.  1955),  which 
tabulates  heat-transport  properties  for  a  number  of 
gases.  The  constants  of  these  equations  were 
obtained  by  the  method  of  least  squares.  Values 
of  k  given  in  column  3  of  table  2  are  calculated  from 
these  equations.  Column  4  gives  the  deviations 
of  the  observed  results  from  thesg  calculated  values. 
The  results  are  also  given  in  figure  3,  where  the 
circles  represent  observed  values  and  the  solid  lines 
the  values  from  the  above  equations. 

The  empirical  eq  (10)  and  (11)  fit  the  observed 
values  at  50-  and  100-atm  pressure,  respectively, 
almost  as  well  as  would  be  expected  from  the  pre¬ 
cision  of  the  data.  The  average  deviation  of  eq 
(10)  (which  is  linear  in  t)  from  the  observed  conduc¬ 
tivities  is  only  0.1  percent,  with  a  maximum  devi¬ 
ation  of  0.3  percent.  The  deviations  from  eq  (11) 
are  also  quite  small  except  below  200°C,  where 
there  was  increased  difficulty,  both  experimentally 
and  in  fitting  the  observed  points  with  an  equation. 
The  deviations  of  eq  (9)  from  the  observed  values 
seem  to  be  larger  than  can  be  attributed  to  experi¬ 
mental  errors.  Equation  (9)  is  the  same  semi- 
empirical  equation  proposed  by  Eucken  [3],  except 
for  the  constant  factor.  A  factor  of  1.059  was 
found  to  fit  the  present  data,  as  compared  to  a  factor 
of  1  originally  proposed  by  Eucken.  More  recent 
modifications  of  Eucken’s  equation  by  other  in¬ 
vestigators  generally  have  predicted  a  value  slightly 
greater  than  1.  An  alternative  equation  for  0.7 
atm,  which  fits  well  up  to  400 °C,  and  which  may  be 
easier  for  use  in  numerical  interpolation  in  this 
region,  is 

£  =  2.495X10-4  +  6.366X10-7/— 1.065  XIO-10^,  (12) 


Figuee  3.  Thermal  conductivity  of  nitrogen. 
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where"/:  is  in  w  cm-1  deg-1,  and  t  is  in  deg  C.  Al¬ 
though  all  of  these  equations  are  suitable  for  inter 
polation  at  their  respective  pressures,  they  may  not 
be  valid  for  extrapolation  beyond  the  experimental 
range.  Equation  (9)  is  probably  the  most  suitable 
for  extrapolation  to  higher  temperatures. 

5.  Discussion  of  Results 

5.1.  Accuracy 

In  order  to  estimate  the  accuracy  of  the  final 
results,  it  is  necessary  to  consider  the  effect  of  each 
of  the  terms  in  the  conductivity  equation 

,  0.0885516(? 

CM 

The  constant  0.0885516  is  a  conversion  factor  to 
allow  for  the  system  of  units.  It  has  negligible 
uncertainty  in  its  use  here.  Some  possible  sources 
of  error  in  the  measured  capacitance,  C,  are  the 


capacitance  between  electric  leads  and  the  relatively 
large  capacitance  to  ground  (the  guard  is  grounded) 
of  the  hotplate  and  coldplates.  The  electric  leads 
were  carefully  shielded  to  avoid  significant  error 
from  this  source.  The  effect  of  the  ground  capac¬ 
itance  is  largely  eliminated  by  the  design  of  the 
bridge  used  in  its  measurement.  Use  of  a  substitu¬ 
tion  method  that  compares  the  conductivity-cell 
capacitance  with  that  of  a  standard  capacitor 
minimizes  a  number  of  possible  errors.  By  using 
this  method,  it  is  believed  that  this  comparison  is 
accurate  to  better  than  0.1  percent.  The  absolute 
value  of  the  standard  capacitor  is  certified  by  the 
NBS  (with  a  high  probability)  to  only  0.3  percent. 

In  the  experiments  with  nitrogen,  the  .effect  of 
the  dielectric  constant  of  the  gas  must  be  con¬ 
sidered.  It  is  estimated  that  uncertainty  in  the 
value  of  the  dielectric  constant  of  nitrogen  is  less 
than  0.01  percent,  giving  the  same  uncertainty  in 
C  and  k.  The  total  uncertainty  in  the  capacitance 
measurement  is  believed  to  be  about  0.3  percent. 
This  is  the  largest  uncertainty  in  most  of  the  meas¬ 
urements,  and  it  is  based  on  1  chance  in  10  that 
the  error  will  be  larger  than  0.3  percent. 
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Figure  4.  Comparisons  with  others. 
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The  factor  Q  in  eq  (2)  is  evaluated  from  the  two 
powers  W  and  WT.  The  electrical  measurement  of 
W  is  believed  to  have  negligible  error.  The  un¬ 
certainty  in  the  value  of  WT  determined  from  vacuum 
experiments  is  estimated  to  be  less  than  0.1  percent, 
except  at  the  highest  temperatures,  where  it  may 
be  as  large  as  0.1  to  0.2  percent.  It  is  possible  that 
the  vacuum  experiments  do  not  account  completely 
for  all  heat  flow  (other  than  Q )  from  the  hotplate 
during  the  gas  experiments.  This  may  be  due  to 
imperfect  matching  of  the  guard  temperature  to  the 
hotplate  temperature.  It  is  estimated  that  the 
error  from  this  source  is  less  than  0.1  percent. 

The  measurement  of  At,  which  has  been  discussed 
earlier,  has  an  estimated  uncertainty  of  0.002  deg 
C.  This  introduces  uncertainties  in  the  values  of  k 
of  from  0.02  to  0.2  percent,  depending  on  the  mag¬ 
nitude  of  At.  The  uncertainty  in  the  temperature 
scale,  estimated  to  be  about  0.01  deg  C,  is  believed 
to  introduce  negligible  error  in  k. 

In  estimating  the  over-all  accuracy  of  the  results, 
the  authors  believe  that  with  most  of  the  results, 
there  is  only  1  chance  in  10  that  the  true  conductivity 
values  will  deviate  more  than  0.5  percent  from  the 
observed  values  given  in  table  2.  In  the  case  of  a 
few  values  at  the  highest  pressures,  it  is  believed 
that  this  tolerance  might  be  increased  by  as  much 
as  1  percent. 

5.2.  Comparison  With  Others 

A  comparison  of  the  results  of  this  investigation 
with  the  observed  conductivity  values  from  some 
other  recent  researches  is  given  in  figure  4.  No 
attempt  was  made  to  include  in  the  figure  all  the 
available  data  at  low  temperatures  and  low  pressures, 
although  all  known  high-pressure  data  are  given. 
The  data  are  plotted  as  deviations  from  eq  (9),  (10), 
and  (11),  which  represent  the  NBS  data  for  the  three 
pressure  ranges.  At  low  pressures  (approximately  1 


atm),  Frank  [4]  and  Sehottky  [5]  made  measurements 
up  to  500°  C,  Rothman  and  Bromley  [6]  up  to  800° 
C,  Stops  [7]  up  to  1,020°  C,  Michels  and  Botzen  [8] 
up  to  75°  C,  and  Vargaftik  and  Oleschuk  [9]  up  to 
541°  C.  Keyes  and  Sandell  [10]  have  also  made 
measurements  up  to  400°  C  at  various  pressures. 
Their  results  are  not  shown  here  because  thej^  believe 
their  conductivity  values  to  be  too  low  over  most  of 
the  temperature  range.  Later  observed  values  of 
Keyes  [11]  up  to  150°  C  are  shown.  Further  measure¬ 
ments  by  Keyes  [12]  have  been  made  up  to  about 
350°  C,  but  no  observed  values  of  conductivity  have 
'  been  published.  At  higher  pressures,  Michels  and 
Botzen  [8]  made  measurements  up  to  2,500  atm  and 
75°  C,  Stolyarov,  Ipat’ev,  and  Teodorovich  [13]  up 
to  300  atm  and  300°  C,  Vargaftik  [4]  up  to  90  atm 
and  62°  C,  and  Lenoir  and  Comings  [15]  up  to  200 
atm  at  41°  C.  As  in  the  low-pressure  measurements, 
the  results  of  Keyes  and  Sandell  are  not  shown, 
although  later  results  of  Keyes  are  given  up  to  100 
atm  and  50°  C. 
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An  accurate  knowledge  of  the  viscosities  of  liquids  in- absolute  units  is  of  fundamental 
importance  in  many  scientific  fields.  The  measurement  of  these  viscosities  is  almost 
universally  based  upon  the  absolute  viscosity  of  water  at  20°  C  as  a  primary  standard. 
During  the  past  50  years  there  has  been  an  increasing  need  for  a  more  accurate  determina¬ 
tion  of  this  standard.  Consequently,  -with  the  cooperation  of  the  Society  of  Rheology  and 
some  financial  assistance  from  the  Chemical  Foundation,  this  project  was  undertaken  by 
the  National  Bureau  of  Standards  and  has  now  been  completed. 

The  determination  was  made  by  the  method  of  capillary  flow.  By  means  of  a  calibrated 
injector,  various  known  constant  rates  of  flow  were  produced  in  capillaries  of  measured 
dimensions,  and  observations  were  made  of  the  corresponding  pressure  drops  through  the 
capillaries.  The  effects  of  the  ends  of  the  capillaries  were  rendered  negligible  by  the 
simultaneous  treatment  of  data  obtained  with  pairs  of  capillaries  having  essentially  the 
same  diameters  but  different  lengths. 

The  value  found  for  the  viscosity  of  water  is  0.010019  poise  as  compared  with  0.01005 
poise,  which  has  generally  been  accepted  for  the  past  30  years.  The  estimated  accuracy 
of  the  new  determination  is  ±0.000003  poise. 

As  a  result  of  this  work,  beginning  on  July  1,  1952,  the  National  Bureau  of  Standards 
is  planning  to  use  the  value  0.01002  poise  for  the  absolute  viscosity  of  water  at  20°  C  as 
the  basis  for  the  calibration  of  viscometers  and  standard-sample  oils.  It  is  recommended 
that  other  laboratories  adopt  this  value  as  the  primary  reference  standard  for  comparative 
measurements  of  viscosity. 


1.  Introduction 

The  viscosity  of  a  liquid  is  its  internal  resistance 
to  flow.  The  accurate  measurement  of  viscosity 
in  absolute  units  is  a  difficult  undertaking,  and  the 
difficulty  is  magnified  greatly  as  the  accuracy 
desired  is  increased.  However,  if  the  viscosity  of 
one  liquid  is  known,  viscosities  of  other  liquids  in 
terms  of  that  of  the  known  may  be  determined  very 
accurately  with  relative  ease.  Because  of  its  ready 
availability,  water  at  20°  C  has  been  generally 
adopted  in  the  United  States  as  the  primary  refer¬ 
ence  standard,  its  viscosity  being  taken  to  be  0.01005 
poise  [l].1  Other  values  reported  in  the  literature 
[2],  however,  are  in  disagreement  with  this  value 
by  as  much  as  ±4  parts  in  1,000. 

In  view  of  this  uncertainty,  in  October  1931, 
chiefly  at  the  instance  of  the  late  E.  C.  Bingham, 
the  National  Bureau  of  Standards  began  a  redeter¬ 
mination  of  the  viscosity  of  water  at  20°  C.  This 
work  had  the  cooperation  of  the  Society  of  Rheology, 
through  whom  (during  the  first  2  years)  considerable 
financial  assistance  was  obtained  from  The  Chemical 
Foundation.  The  problem  was  assigned  to  J.  R.  Coe) 
with  the  program  subject  to  the  review  of  N.  E. 
Dorsey,  who  gave  valuable  advice  and  encourage¬ 
ment.  It  was  agreed  that,  although  other  methods 
might  also  be  explored,  measurements  should  be 
made  by  the  capillary  flow  method.  An  accuracy 
of  at  least  1  part  in  1,000  was  to  be  sought. 

By  the  end  of  1932,  the  apparatus  and  experi¬ 
mental  procedures  described  below  had  been  largely 
determined  upon,  much  of  the  apparatus  had  been 
designed  in  detail,  and  some  of  it  had  been  built  or 
procured.  In  addition,  rough  experiments  to  estab¬ 
lish  the  feasibility  of  the  method  had  been  concluded. 

Initially,  sufficiently  uniform  tubes  were  not 

1  Figures  in  brackets  indicate  the  literature  references  given  on  p.  23. 


easily  available,  and  a  machine  to  lap  the  bores  of 
glass  tubes  was  built  as  an  alternative  to  attempting 
to  find  suitable  tubes  by  the  examination  of  many. 
This  work  was  described  in  a  progress  report  in 
December  1932  [3].  This  part  of  the  project  was 
not  completed,  because  it  was  found  in  1933  that 
satisfactory  capillaries  were  then  being  made  by  the 
Jena  Glass  Works  in  Germany.  During  the  period 
1933  to  1938,  work  on  the  project  was  subjected  to 
frequent  interruptions  and  necessary  delays. 

In  the  fall  of  1938  conditions  made  it  possible 
for  T.  B.  Godfrey  to  join  J.  R.  Coe  in  the  work, 
which  was  continued  without  interruption  until  the 
fall  of  1941,  when  it  was  again  delayed  by  reason  of 
the  war.  During  the  period  1938  to  1941  the 
apparatus  was  completed  and  assembled,  the  methods 
of  calibration  and  flow  measurement  worked  out  in 
detail,  and  two  series  of  flow  measurements  com¬ 
pleted.  Tentative  values  for  the  viscosity  of  water 
at  20°  C  2  and  at  other  temperatures  based  on  these 
early  measurements  were  reported  in  a  letter  to  the 
Editor  of  the  Journal  of  Applied  Physics  [4].  It 
was  recognized,  however,  that  with  the  completion 
of  so  small  a  part  of  the  contemplated  series  of 
measurements,  only  the  necessity  of  indefinitely 
suspending  work  justified  any  statement  at  that  time. 

Work  on  the  determination  was  resumed  in  Jan¬ 
uary  1947  by  J.  F.  Swindells,  who  completed  the 
experimental  program  and  reduced  all  the  data. 

2.  Theory  of  the  Capillary  Method 

When  accurate  viscometric  measurements  are 
desired  it  is  necessary  to  limit  the  conditions  to 
laminar  flow  within  the  capillary  tube.  Turbulent 
flow  is  governed  by  factors  that  make  conditions 

3  The  value  of  0.010020  poise  for  the  viscosity  at  20°  C,  which  was  reported  at 
that  time,  is  in  good  agreement  with  the  value  0.010019  ±0.000003,  which  is  the 
final  result  of  the  completed  determination. 
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unsuitable  for  evaluating  the  viscosity.  According 
to  the  laws  of  similarity,  it  has  been  shown  [5]  that 
the  type  of  flow  in  a  capillary  is  characterized  by  a 
dimensionless  ratio,  the  Reynolds  number,  2 vrD/rj, 
in  which  v  is  the  mean  velocity,  r  is  the  radius,  and  D 
and  v  are  the  density  and  viscosity,  respectively, 
of  the  flowing  liquid.  Under  ordinary  conditions 
of  capillary  flow,  sustained  turbulence  is  not  to  be 
expected  [5,  chapter  III]  at  Reynolds  numbers  less 
than  2,000.  The  present  measurements  were  con¬ 
ducted  in  the  range  100  to  650,  and  consequently 
the  flow  is  assumed  to  be  laminar,  except  possibly 
at  the  ends  of  the  capillaries. 

The  system  under  consideration  consists  of  a 
capillary  having  square-cut  ends  and  located  be¬ 
tween  two  chambers  that  are  large  with  respect  to 
the  bore  of  the  capillary.  The  liquid  in  one  chamber 
is  accelerated  from  essential  rest  to  the  velocity 
in  the  capillary  and  then  is  brought  to  essential 
rest  in  the  exit  chamber.  The  measured  quantities 
used  in  calculating  the  viscosity  are  P,  the  pressure 
drop  between  the  two  chambers;  /,  the  length  of 
the  capillary;  r,  its  radius;  and  Q,  the  volume  rate 
of  flow. 

In  the  portion  of  a  cylindrical  tube  remote  from 
the  ends  the  distribution  of  velocities  across  the  tube 
is  parabolic,  and  Poiseuille’s  laws  are  known  to 
apply  when  the  flow  is  laminar.  These  laws  are 
expressed  by  the  equation 


dp  8r}Q 
~dl~^D’ 


(1) 


where  dp/dl  is  the  pressure  gradient.  Two  kinds 
of  corrections  are  necessary  to  modify  eq  1  so  that 
in  its  integrated  form  it  will  hold  for  a  tube  of  finite 
length,  in  which  account  must  be  taken  of  the  special 
conditions  existing  at  the  ends  of  the  tube.  First, 
the  liquid  entering  the  capillary  is  accelerated  at 
the  expense  of  the  measured  pressure  drop.  The 
amount  of  this  conversion  of  static  pressure  to 
kinetic  energy  may  be  expressed  as  a  part  of  the 
measured  pressure  drop  by  the  addition  of  a  term 


in  which  to  is  a  coefficient  whose  magnitude  depends 
in  part  upon  the  flow  pattern  at  the  entrance  end 
of  the  tube.  Within  the  range  of  Reynolds  numbers 
covered  here,  it  is  probable  that  the  kinetic  energy 
of  the  flowing  liquid  is  entirely  dissipated  as  heat 
in  the  exit  chamber  [6].  However,  if  there  should 
be  some  conversion  of  kinetic  energy  to  static  pressure 
in  the  process  of  deceleration,  it  would  be  accounted 
for  in  the  magnitude  of  to. 

The  second  correction  that  is  required  to  account 
for  the  phenomena  peculiar  to  the  ends  of  the  tube 
is  the  result  of  the  work  done  against  viscous  forces 
in  the  rearrangement  of  the  velocity  distribution. 
The  effect  of  this  resistance  in  the  converging  and 
diverging  streamlines  at  the  ends  of  the  tube  is 
proportional  to  the  radius  and  may  be  expressed  as 


a  hypothetical  addition  to  the  length.  The  effective 
length  of  the  tube  then  becomes  l-\-nr,  in  which  n 
is  a  constant.  A  rather  complete  discussion  of 
both  of  these  corrections  is  given  by  Barr  [7]. 

The  complete  equation  for  the  flow  through  a 
capillary  tube  is  usually  expressed  in  one  of  the 
following  equivalent  forms: 


7r  rAP  mDQ 

8  Q{l-{-nr)  8n(l-\-nr)' 

(2) 

8Qy  n  ,  N  .  mDQ2 
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To  calculate  the  viscosity  from  measurements 
made  with  a  single  capillary,  numerical  values 
must  be  assigned  to  to  and  n.  If,  for  a  given  liquid, 
the  values  of  the  pressure  drop  corresponding  to 
various  rates  of  flow  are  measured,  values  of  P/Q 
may  be  plotted  against  Q,  and  a  straight  line  results 
as  long  as  to  and  n  remain  constant.  Such  data 
may  be  used  to  demonstrate  the  constancy  of  to 
and  n  under  given  conditions  and  also  to  evaluate 
to  for  a  particular  capillary  through  use  of  eq  4. 

When  using  capillaries  of  relatively  large  length- 
radius  ratios,  it  is  obvious  that  n  is  less  significant. 
Conversely,  this  fact  has  prevented  its  evaluation 
with  much  certainty.  Most  of  the  published  ex¬ 
perimental  values  lie  between  zero  and  unity  [7],  but 
in  many  cases  the  experimental  error  is  nearly  as 
large  as  the  quantity  being  measured.  The  most 
reliable  work  seems  to  have  been  performed  by 
Bond  [8],  who  concluded  that  n=0.566±  0.020  for 
the  tubes  that  he  used.  However,  some  of  Bond’s 
measurements  were  made  with  capillaries  that  were 
not  sufficiently  long  for  the  parabolic  distribution  of 
velocities  to  become  completely  established,  and 
consequently  his  results  may  not  be  strictly  appli¬ 
cable  to  longer  tubes. 

It  is  desirable,  therefore,  to  calculate  the  viscosity 
from  flow  measurements  that  render  uncertainties  in 
the  value  of  n  completely  negligible.  This  may  be 
accomplished  through  the  simultaneous  solution  of 
data  obtained  in  two  capillaries  having  the  same 
radius  but  different  lengths.  If  we  denote  the 
measured  quantities  associated  with  the  longer 
capillary  by  the  subscript  1,  and  those  pertaining  to 
the  shorter  by  the  subscript  2,  we  obtain  from  eq  3 
for  the  longer  capillary 

(5) 


(6) 

Subtracting  eq  6  from  eq  5 


p1==8%1+„r)..  mDQ2 
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and  for  the  same  rate  of  flow  in  the  shorter 
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from  which 


P1-P2 


8  Qv 

tv  P 
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However,  it  is  not  practicable  to  select  two  lengths  of 
capillary  having  identical  radii,  even  if  they  are  cut 
from  the  same  length  of  tubing.  Also,  while  the 
flow  data  may  show  m  and  n  to  be  constants  for  each 
tube,  they  may  not  be  the  same  for  both.  Con¬ 
sequently,  assigning  the  proper  subscripts  to  r,  m, 
and  in  eq  5  and  6  and  proceeding  as  before,  the 
more  general  equation  becomes 


g^CFVl — PA) — ^Oi  —  m2) 
(h—h)  +  (nir1—n2r2) 


(8) 


But  if  any  reasonable  values  whatever  are  assigned 
to  nx  and  n2,  and  rx  does  not  differ  greatly  from  r2, 
the  quantity  {nxri—n2r2)  will  be  negligible  with 
respect  to  (lx—l2)  within  the  order  of  accuracy  with 


which  the  lengths  can  be  measured.  Accordingly, 
the  viscosity  may  be  calculated  by  the  equation 


(9) 


in  which  values  for  mx  and  m2  are  obtained  from  the 
flow  data  through  use  of  eq  4,  as  mentioned  above. 

3.  Apparatus 

3.1.  General  Description 

The  experimental  method  involves  flowing  water 
through  a  capillary  at  various  known  constant 
rates  and  measuring  the  corresponding  pressure 
drops  through  the  capillary  by  means  of  a  differen¬ 
tial  mercury  manometer.  The  general  arrangement 
of  the  apparatus  used  in  making  the  flow  measure¬ 
ments  is  shown  diagrammatically  in  figure  1.  The 
main  elements  are  the  viscometer,  the  injector  for 
producing  the  flow  of  water  through  the  capillary, 
and  the  differential  mercury  manometer.  The 


viscometer  consists  of  a  capillary  mounted  vertically 
between  glass  entrance  and  exit  chambers.  Glass 
tubes  connect  the  entrance  and  exit  chambers  to  the 
short  and  long  arms  of  the  manometer,  respec¬ 
tively.  A  reservoir  above  the  viscometer  is  con¬ 
nected  to  the  exit  chamber  by  a  spiral  of  glass 
tubing  as  shown.  Mercury  in  the  entrance  chamber 
and  the  two  arms  of  the  manometer  is  represented 
by  the  black  areas.  The  parts  of  the  viscometer 
and  manometer  above  the  mercury  are  filled  with 
water  to  a  level  in  the  reservoir  that  is  higher  than 
the  point  where  the  side  tube  from  the  exit  chamber 
connects  with  the  manometer. 

The  various  rates  of  flow  are  produced  in  the 
capillary  by  injecting  mercury  into  the  entrance 
chamber  at  various  constant  rates,  thus  displacing 
water  upward  through  the  capillary.  The  water 
flows  from  the  exit  chamber  into  both  the  long  arm 
of  the  manometer  and  the  reservoir,  maintaining  the 
same  level  in  each.  The  mercury  is  injected  by 
means  of  an  accurately  ground  and  lapped  piston 
driven  at  a  uniform  rate.  The  piston  is  geared  to  a 
synchronous  motor  operating  on  a  source  of  electric 
power  of  controlled  frequency.  Different  rates  of 
flow  are  obtained  by  changing  the  gear  combinations. 

The  manometer  consists  of  a  mercury -filled  U-tube, 
in  which  the  short  arm  level  is  adjusted  to  a  fixed 
height,  and  the  level  in  the  long  arm  is  adjusted  by 
addition  or  removal  of  mercury  until  the  resulting 
mercury  column  balances  the  pressure  drops  through 
the  capillary.  The  mercury  in  the  manometer  is 
manipulated  by  means  of  the  manometer  injector 
and  mercury  reservoir  shown  in  the  auxiliary  bath. 
Constant-volume  stopcocks  are  provided  to  shut  off 
the  two  arms  of  the  manometer  from  each  other  and 
for  injecting  mercury  into  either  arm  independently. 

The  viscometer  and  manometer  are  mounted  to¬ 
gether  in  a  liquid  bath  maintained  at  the  test  tem¬ 
perature  of  20°  C.  The  temperatures  of  the  main 
injector  and  the  auxiliary  apparatus  for  the  manom¬ 
eter  are  held  constant  in  separate  baths,  which  are 
maintained  somewhat  above  room  temperature  for 
ease  in  thermostatting.  The  connecting  mercury 
lines  between  the  injector  and  auxiliary  baths  and 
the  viscometer  bath  are  jacketed  with  liquid  pumped 
from  the  viscometer  bath  to  bring  the  mercury  nearly 
to  20°  C  before  it  enters  the  manometer  or  viscometer. 

3.2.  Main  Injector 

The  function  of  the  injector  mechanism  is  to  pro¬ 
vide  a  known  constant  flow  of  mercury  into  the  en¬ 
trance  chamber  of  the  viscometer,  thus  forcing  water 
through  the  capillary  at  a  rate  that  is  constant  when 
the  manometer  is  at  equilibrium. 

Figure  2  shows  the  injector  and  its  driving 
mechanism  without  the  constant-temperature  bath. 

The  injector  consists  of  a  vertically  mounted, 
mercury -filled  steel  cylinder  into  which  a  steel  piston 
is  forced  by  a  rigidly  coupled  screw.  The  screw,  held 
from  turning  by  outriders  bearing  on  tracks  parallel 
to  its  axis,  is  moved  by  a  rotating  nut  held  between 
thrust-type  ball  bearings.  On  the  periphery  of  the 


Figure  2.  Main  injector  with  thermostat  removed. 


nut  is  a  worm  gear  driven  by  a  worm  on  a  horizontal 
drive  shaft.  This  mechanism  is  driven  through  a 
change  gear  box  by  a  synchronous  motor. 

The  piston,  nominally  1  in.  in  diameter,  is  made 
of  hardened,  ground,  and  lapped  Ketos  steel.  Its 
diameter  is  uniform  to  ±0.00004  in.  The  piston 
enters  the  steel  cylinder  through  a  vacuum-tight 
gland  that  contains  cloth  impregnated  with  ceresin 
wax.  The  cylinder  has  an  inside  diameter  of  1%  in.; 
thus  there  is  a  X6-in.  radial  clearance  between  cylin¬ 
der  and  piston.  With  a  clearance  of  this  magnitude, 
the  formation  of  voids  is  unlikely  except  in  the  pack¬ 
ing  gland,  and  the  volume  of  mercury  expelled  from 
the  cylinder  should  be  precisely  the  volume  of  the 
entering  piston.  The  cylinder  was  thoroughly 
pumped  out  and  filled  with  mercury  under  vacuum. 

The  screw  is  made  of  hardened  steel.  It  has  a 
maximum  diameter  of  1  in.,  and  an  S-pitch  Acme 
thread.  The  mating  threads  of  the  nut  are  made  of 
Babbit  metal.  The  worm  gear  that  forms  the  pe¬ 
riphery  of  the  nut  is  of  mild  steel,  and  the  mating 
worm  is  of  hardened  steel.  These  parts  were  spe¬ 
cially  machined  so  as  to  have  no  periodic  error 
greater  than  1  part  in  10,000  of  their  lead.  The 
worm  and  gear  give  a  40-to-l  reduction. 

Speeds  are  changed  by  changing  one  or  both  pairs 
of  meshed  gears  mounted  outside  the  gear  box. 
These  are  commercial  grade,  32-pitch,  K-in.  face, 
helical  gears.  The  drive  is  a  3-phase,  110-volt,  %- 
horsepower,  synchronous  motor. 

Power  for  "driving  the  injector  mechanism  is  ob¬ 
tained  from  a  constant-frequency  generator  driven 
by  a  special  motor  that  takes  its  power  from  the 
commercial  lines  but  has  its  speed  automatically 
held  in  synchrony  with  a  highly  accurate  60-cycle 
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signal  originating  in  a  quartz-crystal  oscillator  main¬ 
tained  by  the  Radio  Division  of  the  Bureau.  The 
piston  and  cylinder  are  immersed  in  a  stirred  oil  bath 
whose  temperature  can  be  maintained  at  a  chosen 
point  within  ±0.002°  C.  The  worm-gear  mech¬ 
anism,  gear  box,  and  motor  are  in  a  cork-lined 
inclosure  directly  above  the  oil  bath. 

The  rate  of  delivery  of  mercury  from  the  injector 
is  calculated  from  the  measured  delivery  per  turn  of 
the  worm  drive  shaft  and  the  rotational  speed  of  the 
shaft.  The  speed  of  the  shaft  is  calculated  from  the 
motor  speed  and  the  ratio  of  the  gears  employed. 
Variations  in  speed  caused  by  imperfections  in  the 
change  gears  can  be  neglected  as  they  are  of  short 
period  and  tend  to  be  integrated  by  the  slow  reac¬ 
tion  of  the  manometer  to  changes  in  pressure.  (The 
time  constants  for  the  system  will  be  discussed  later.) 
Variations  in  motor  speed  arising  from  frequency 
fluctuations  in  the  power  supplv  are  guarded  against. 
A  permanent  magnet,  held  in  a  collar,  is  installed  on 
the  drive-motor  shaft  in  such  a  way  that  it  induces 
pulses  in  a  stationary  coil  with  every  revolution. 
The  frequency  of  these  pulses  is  compared  with  that 
of  the  60-cycle  control  signal.  If  the  power  supply 
shifts  more  than  120°  in  phase  with  respect  to  the 
60-cycle  control  signal,  a  buzzer  sounds.  An  oscillo¬ 
graph  is  used  to  determine  whether  buzzer  warnings 
indicate  oscillations  or  actual  gain  or  loss  of  cycles 
With  these  safeguards  in  operation,  the  drive  speed 
is  taken  to  be  1,800  rpm  without  error. 

The  displacement  of  mercury  by  the  piston  per 
drive-shaft  turn  was  determined  by  advancing  the 
piston  through  its  stroke  in  steps,  catching  and 
weighing  the  mercury  displaced  in  each  step.  For 
this  purpose  a  revolution  counter  and  a  divided  drum 
were  attached  to  the  drive  shaft,  permitting  reading 
of  intervals  to  ±0.001  turn.  The  mercury  is  ejected 
through  a  delivery  tube  attached  to  the  mercury  line 
from  the  cylinder.  This  tube,  similar  to  those  used 
in  ice  calorimetry  [9],  was  made  by  blowing  a  small 
spherical  bulb  at  one  end  of  a  glass  capillary  tube. 
This  bulb  was  then  ground  off  in  a  plane  perpendic¬ 
ular  to  the  axis  of  the  tube  until  the  wall  at  the 
bottom  was  just  broken  through.  With  such  a  ter¬ 
minal  configuration,  the  tube  being  mounted  verti¬ 
cally,  the  mercury  thread  tends  to  break,  leaving  the 
bulb, full,  and  variations  in  the  delivery  of  mercury 
are  minimized. 

The  smallest  interval  into  which  the  total  stroke  of 
the  piston  can  be  divided  is' governed  by  the  precision 
with  which  the  mercury  thread  in  the  delivery  tube 
can  be  broken,  and  the  constancy  of  volume  of  the 
somewhat  elastic  cylinder  and  connecting  tube.  Re¬ 
peated  measurements  of  the  mass  delivered  by  the 
piston  over  a  short  part  of  its  stroke  showed  a 
standard  deviation  of  3  mg  from  the  mean. 

The  total  delivery  for  a  complete  stroke  of  the 
piston  is  109  cm3  (1,470  g  of  mercury).  The  drive 
shaft  makes  2,700  turns  in  driving  the  piston  through 
this  distance.  For  calibration,  the  total  stroke  was 
divided  into  20  approximately  equal  intervals,  each 
corresponding  to  about  135  turns  of  the  drive  shaft 
and  a  displacement  of  73.5  g  of  mercury.  In  each 
interval  the  injector  was  driven  under  power  for  the 


required  number  of  turns  and  allowed  to  coast  to  rest. 
The  next  interval  was  begun  from  this  point  of  rest. 
In  this  way  the  slack  in  the  drive  was  always  kept  in 
the  same  direction,  minimizing  variations  arising 
from  play  in  the  driving  gears  and  screw.  The  deter¬ 
mination  of  the  exact  length  of  a  particular  interval 
in  terms  of  number  of  turns  of  the  drive  shaft  was 
obtained  from  the  difference  of  two  readings  of  the 
counter  and  divided  drum  on  the  shaft.  As  each 
reading  was  made  to  ±0.001  turn,  the  length  of  each 
interval  could  be  determined  to  ±0.002  turn,  or  1.5 
parts  in  100,000. 

The  increments  of  mercury  were  weighed  with  an 
accuracy  of  about  0.3  part  in  100,000. 

The  mean  rate  of  delivery  for  the  entire  stroke, 
expressed  as  mass  displacement  of  mercury  per  turn 
of  the  drive  shaft,  was  calculated  by  summing  the 
masses  of  mercury  delivered  in  all  of  tlie  intervals  and 
dividing  by  the  total  number  of  turns  for  the  com¬ 
plete  stroke.  The  uniformity  of  the  rate  of  displace¬ 
ment  throughout  the  stroke  was  obtained  by  a  com¬ 
parison  of  the  rate  calculated  for  each  interval  with 
the  mean  rate. 

The  first  calibrations  of  the  injector  indicated  that 
rate  of  displacement  was  not  constant  throughout  the 
entire  stroke  of  the  piston,  being  more  uniform  dur¬ 
ing  the  second  half  of  the  stroke.  As  a  consequence, 
only  the  second  half  of  the  piston  stroke  was  em¬ 
ployed  in  the  earlier  measurements. 

Six  calibrations  were  completed  prior  to  1941, 
five  being  made  with  the  injector  at  30°  C  and  one  at 
35°  C.  The  mean  rates  of  delivery  obtained  in  these- 
calibrations  for  the  portion  of  the  stroke  used  in  the 
flow  measurements  (intervals  12  through  19)  are 
given  in  table  1.  The  rates  at  35°  C  were  computed 
from  the  calibrations  made  at  30°  C,  using 
37.8X10_6/°C  as  the  cubical  coefficient  of  thermal 
expansion  for  the  Ketos  steel  piston  [12]  and 
181.0X10~6/oC  for  the  coefficient  for  mercury.  (See 
appendix  A.) 


Table  1.  Main  injector  calibrations ,  March  1989  through 
January  19  jO 


Calibration 

Date 

Measured  rate  of  de¬ 
livery  at  calibration 
temperature — - 

Rate  of 
delivery 
at  35°  O 

30°  C 

35°  C 

1  .  _ 

3/17/39 

3/21/39 

3/27/39 

3/29/39 

1/2/40 

1/5/40 

g/turn 

0. 54398 
. 54397 
.  54398 
.54396 

g/turn 

g/turn 

0. 54359 
.54358 
.54359 
.54357 
.54357 
.54360 

2  .  _ 

3  .  _ 

4  .  _ 

5  .  _ 

0. 54357 

6  _ _ 

.  54399 

0. 54358 

Deviations  from  the  mean  rates  of  delivery  for  each 
calibration  are  shown  in  table  2.  The  computed 
standard  deviation  from  the  mean  of  a  given  calibra¬ 
tion  is  given,  and  the  standard  deviation  from  the 
mean  of  each  interval  is  given  for  the  six  calibrations. 
On  the  basis  of  the  experiments  with  the  delivery  tube 
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which  showed  a  standard  deviation  of  3  mg  of  mer¬ 
cury  as  previously  stated,  the  deviation  to  be  ex¬ 
pected  from  this  cause  would  be  ±4  parts  in  100,000 
for  intervals  of  this  size.  It  is  seen  that  the  devia¬ 
tions  in  the  first  four  calibrations  are  about  twice  this 
great  and  are  over  10  times  as  large  in  the  last  two. 
It  must  be  concluded  then  that  variations  in  rate  of 
delivery  do  exist  along  the  piston.  There  are  also 
real  variations  from  calibration  to  calibration,  espe¬ 
cially  in  the  last  two.  The  relatively  large  changes 
between  the  fourth,  fifth,  and  sixth  may  have  been 
caused  by  slight  shifts  in  the  packing  gland.  These 
variations  are  not  considered  serious  as  the  agreement 
between  the  mean  rates,  as  shown  in  table  1,  is  very 
good  for  all  sLx  calibrations,  and  short-period  varia¬ 
tions  along  the  stroke  of  the  piston  tend  to  be  inte¬ 
grated  by  the  manometer. 


Table  2.  Deviations  in  parts  per  100,000  from  the  mean  rate 
of  delivery  for  each  calibration 


Interval 

Calibration 

Standard 

deviation 

each 

interval 

1 

2 

3 

4 

5 

6 

12 

-1 

-3 

+3 

-5 

-31 

+13 

±12 

13 

+21 

+16 

-1 

+4 

+78 

-5 

±27 

14 

-2 

-5 

+  4 

-1 

-58 

+60 

±30 

15 

-5 

-2 

+5 

+3 

+7 

+18 

±8 

16 

+4 

-2 

-6 

-16 

+52 

-66 

±33 

17 

-17 

-10 

-7 

+9 

-10 

+41 

±22 

18 

-2 

+1 

-1 

+5 

-31 

-51 

±26 

19 

+2 

+6 

+3 

+1 

-8 

-12 

±8 

Standard 

deviation. 

±9 

±8 

±5 

±8 

±46 

±44 

It  should  be  pointed  out  that  the  variations  in  the 
separation  of  the  mercury  at  the  end  of  the  delivery 
tube  enter  only  twice  in  the  determinations  of  the 
mean  rates  given  in  table  1 .  A  deficiency  in  delivery 
at  the  end  of  1  interval  results  in  a  high  delivery  in 
the  following  interval,  and  only  the  start  of  the  first 
and  the  end  of  the  last  interval  have  any  effect.  The 
expected  deviation  from  this  cause  is  thus  reduced  to 
±0.5  part  in  100,000  for  the  portion  of  the  piston  8 
intervals  long. 

The  earlier  flow  measurements  (series  I  and  II,  to 
be  identified  later)  were  made  with  this  filling 
with  the  injector  thermostatted  at  35°  C,  and  rates 
of  flow  in  the  viscometer  were  based  on  the  value  of 
0.54358  g/turn,  which  is  the  mean  of  the  values  given 
in  table  1. 

Following  these  calibrations,  work  on  the  project 
was  interrupted  until  January  1947.  When  the  work 
was  resumed  in  January  1947,  the  laboratory  was 
air-conditioned.  This  made  it  possible  to  thermostat 
the  injector  at  30°  C  instead  of  35°  C.  After  the 
injector  had  been  disassembled,  cleaned,  and  refilled, 
three  calibrations  of  the  rate  of  delivery  of  the  in¬ 
jector  at  30°  C  were  completed  before  making  flow 
measurements.  These  data  indicated  that  the  useful 
part  of  the  stroke  of  the  piston  could  be  extended  to 
include  intervals  5  through  19  without  seriously 
affecting  uniformity  of  delivery.  Consequently  this 
longer  portion  of  the  stroke  was  used  for  the  later 
measurements. 


Six  calibrations  were  made  in  1947  and  1948  on  this 
filling  of  the  injector  before  the  injector  was  again 
refilled.  The  results  of  these  six  calibrations  are 
given  in  table  3.  In  calibrations  10,  11,  and  12,  the 
stroke  of  the  piston  was  not  interrupted  at  the  end 
of  each  interval,  the  total  delivery  of  the  injector  for 
intervals  5  through  19  being  collected  and  weighed 
in  one  bulk.  The  weighings  of  these  relatively  large 
quantities  of  mercury  were  made  by  the  Mass  Section 
of  the  Bureau  with  an  accuracy  of  1  part  in  100,000. 
No  significant  difference  was  apparent  in  the  mean 
rate  of  delivery  as  determined  in  bulk  as  compared 
with  the  calibrations  by  intervals. 


Table  3.  Calibrations  with  second  filling  of  injector 


Calibration 

Date 

Measured 
rate  at 

30°  C 

7 _ _ _ 

4/2/47 

7/7/47 

7/22/47 

8/4/47 

1/3/48 

1/3/48 

g/turn 

0.  54391 

8 _ _ 

. 54393 

9 _ _  _ 

. 54393 

10  a _  . 

.54392 

11  » _ _ _ 

.54391 

12  • _ _ _ 

. 54390 

Mean . . _  . 

0.  54392 

a  Calibrations  not  made  by  increments. 


The  deviations  for  calibrations  7,  8,  and  9  are  given 
in  table  4.  They  are  seen  to  be  somewhat  larger 
than  those  for  the  first  four  calibrations  with  the 
initial  filling  but  are  much  smaller  than  those  for 
5  and  6. 

Table  4.  Second  filling  of  injector 
Deviations  in  parts  per  100,000  from  mean  rate  of  delivery  for  each  calibration 


•Interval 

Calibration 

Standard 

deviation 

each 

interval 

7 

8 

9 

5 _ 

-8 

-2 

+2 

±6 

6 _ 

-1 

-29 

-15 

±14 

7 . . 

-25 

-12 

-17 

±8 

8 _ 

+7 

+9 

-8 

±11 

9 . . 

-18 

-19 

-13 

±3 

10 _ 

+13 

+13 

+15 

±2 

11 _ 

-12 

-10 

-14 

±2 

12 _ 

+1 

+10 

±6 

13 _ 

+24 

+24 

+27 

±2 

14 _ 

-9 

+2 

-3 

±6 

15 . . 

+6 

+13 

+14 

±5 

16 _ 

-8 

+3 

-9 

±8 

17 _ 

+6 

-27 

-19 

±20 

18 _ 

+18 

+8 

+10 

±5 

19 _ 

+3 

+26 

+19 

±14 

Standard 

deviation.. 

±14 

±17 

±17 

Flow  series  III  and  IV  were  made  with  this  second 
filling  with  the  injector  thermostated  at  30°  C,  and 
rates  of  flow  were  calculated  by  using  the  mean  value 
of  0.54392  g/turn  shown  in  table  3. 

Following  the  fourth  series  of  flow  tests,  the 
injector  was  again  cleaned  and  refilled.  The  results 
of  the  five  calibrations  made  with  this  third  filling 
are  given  in  tables  5  and  6.  The  deviations  shown  in 
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table  6  are  about  the  same  as  were  found  for  the 
second  filling.  The  data  given  in  table  5  indicate  an 
increase  in  the  delivery  rate  of  about  7  parts  in 
100,000  over  the  period  of  about  a  year  and  a  half 
covered  by  these  calibrations.  This  was  not  con¬ 
sidered  serious,  and  as  with  the  previous  fillings,  the 
mean  of  the -five  calibrations  was  used  in  calculating 
the  flow  rates.  The  latest  flow  tests,  series  V 
through  XII,  were  completed  with  this  filling, 
0.54396  g/turn  being  taken  as  the  rate  of  delivery  for 
the  injector. 


Table  5.  Calibrations  with  third  filling  of  injector 


Calibration 

Date 

Measured 
rate  at 

30°  C 

13. _ _ 

14  _ _ 

5/24/48 

12/8/48 

1/6/49 

8/19/49 

10/21/49 

g/turn 

0.  54393 
.  54395 

15 _ 

.  54396 

16  _ 

. 54397 

17  _ 

. 54397 

Mean .  ...  ......  ..... 

0.  54396 

Table  6.  Third  filling  of  injector 
Deviations  in  parts  per  100,000  from  mean  rate  of  delivery  for  each  calibration 


Interval 

Calibration 

Standard 

deviation 

each 

interval 

13 

14 

15 

16 

17 

5 

-7 

-4 

+4 

+5 

+5 

±7 

6 

-20 

-10 

-5 

0 

-6 

±6 

7 

-9 

-17 

-8 

-2 

+6 

±8 

8 

+19 

+21 

+22 

+26 

+  24 

±3 

9 

-20 

-23 

-7 

-25 

-13 

±8 

10 

-2 

+13 

-6 

+20 

+  10 

±11 

11 

+12 

+6 

+  11 

+  23 

+22 

±8 

12 

-17 

-8 

-22 

-2 

+2 

±11 

13 

+30 

+29 

+25 

+21 

+30 

±4 

14 

+2 

-12 

-5 

-10 

+4 

±8 

15 

+4 

+1 

-4 

-6 

-9 

±6 

16 

-6 

-6 

-9 

-28 

-32 

±15 

17 

-31 

-25 

-31 

-30 

-58 

±13 

18 

+  17 

+8 

-7 

-1 

-7 

±11 

19 

+31 

+  27 

+43 

+8 

+23 

±13 

Standard 

devia- 

tion.  -.. 

±19 

±18 

±18 

±18 

±22 

The  over-all  performance  of  the  injector  was  very 
satisfactory.  No  significant  changes  in  the  mean 
delivery  rate  were  found  even  after  the  injector  had 
been  idle  for  the  period  of  6  years  between  the  first 
and  second  fillings.  The  mean  of  the  six  calibra¬ 
tions  with  the  first  filling  was  recalculated  to  in¬ 
clude  the  intervals  5  through  19  and  found  to  be 
0.54394  g/turn.  This  result  compares  very  favor¬ 
ably  with  the  values  of  0.54392  and  0.54396,  which 
were  obtained  with  the  second  and  third  fillings, 
respectively,  and  it  is  felt  that  the  mean  rates  of 
delivery  used  were  known  to  somewhat  better  than 
1  part  in  10,000. 

3.3.  Manometer 

The  general  operation  of  the  manometer  has  been 
described  above.  Both  arms  of  the  manometer 
are  constructed  of  glass  tubing,  the  inside  diameter 
of  which  is  0.97  in. 


The  lower  ends  are  ground  on  a  taper  and  cemented 
into  matching  stainless-steel  seats,  which  connect 
to  the  mercury  lines,  as  shown  in  figure  1.  These 
connectors  are  mounted  in  a  duralumin  frame,  which 
also  supports  the  upper  parts  of  the  manometer  and 
viscometer. 

The  short  arm  is  about  3.5  in.  high  and  is  ground 
at  the  top  to  fit  a  stainless-steel  cap  which  is 
cemented  in  place.  The  small  tube  that  runs  from 
the  side  of  the  cap  to  a  gas-tight  valve  situated  above 
the  liquid  level  in  the  bath,  serves  to  vent  air  from 
the  top  of  the  short  arm  when  the  apparatus  is  being 
filled  with  water.  A  weight,  not  shown  in  the 
figure,  bears  on  the  cap  to  prevent  its  being  unseated 
under  pressure. 

The  level  of  the  mercury  in  the  short  arm  is 
adjusted  until  it  just  makes  contact  with  a  fixed 
stainless-steel  rod  that  projects  downward  from  the 
cap  as  shown.  This  rod  terminates  in  a  point  having 
an  included  angle  of  60°.  Contact  between  mercury 
and  rod  is  determined  electrically  as  described  below. 

The  heights  of  mercury  in  the  long  arm  are  meas¬ 
ured  from  a  fixed  surface  plate  above  the  mercury 
by  means  of  calibrated  stainless-steel  depth  gage 
rods,  which  fit  in  a  micrometer  head  having  a  range 
of  1  in.  These  rods  are  %6  in.  in  diameter  and  cover 
the  range  from  11  to  50  in.  in  1-in.  steps.  They 
terminate  in  pointed  tips  similar  to  the  tip  of  the 
fixed  rod  in  the  short  arm.  The  surface  plate  is 
bolted  to  the  duralumin  frame,  which  supports  the 
viscometer  and  manometer.  The  depth  gage  is 
clamped  in  a  position  directly  over  the  long  arm,  as 
shown  in  the  figure.  Glass  flats  are  used  to  insulate 
the  gage  electrically  from  the  surface  plate.  The 
rods  pass  through  a  hole  in  the  steel  plate  and  enter 
the  long  arm,  which  extends  above  the  liquid  level 
in  the  viscometer  bath. 

The  electric  circuit  in  each  arm,  used  to  locate 
the  mercury  surface,  consists  of  a  1.5-volt  dry  cell, 
a  30,000-ohm  resistor,  and  a  microammeter,  all  in 
series  with  the  contact.  With  pointed  tips  on  the 
rods  and  reasonably  clean  mercury-water  interfaces, 
the  mercury  does  not  cling  to  the  point,  and  contact 
is  sharply  indicated.  It  was  found  essential  that 
the  potential  of  the  rods  be  negative  with  respect 
to  the  mercury.  When  the  rod  is  made  positive  a 
nonconducting  layer  is  immediately  formed.  Even 
with  negative  contacts,  some  electrolytic  action  takes 
place,  and  if  the  current  is  left  on  too  long  (several 
hours)  a  troublesome  precipitate  may  form  on  the 
mercury  surface.  It  is  not  necessary  to  insulate 
the  rods  from  the  water.  For  convenience  in 
matching  the  contacts  in  the  two  arms,  twin  micro¬ 
ammeters  having  50-/ta  scales  are  mounted  side-by- 
side. 

The  long  arm  is  mounted  as  nearly  vertical  as 
possible,  and  the  surface  plate  is  carefully  leveled. 
Nevertheless,  the  rods  did  not  always  make  contact 
with  the  mercury  in  the  center  of  the  meniscus.  In 
these  cases  the  rods  were  rotated  in  the  gage  head 
until  a  minimum  micrometer  reading  was  obtained. 
This  procedure  was  followed  during  the  first  three 
series  of  flow  measurements.  Thereafter  the  gage 
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rod  in  use  was  provided  with  a  brass  centering  disk 
fastened  near  its  tip.  This  disk  has  a  diameter  of 
%  in.  Thus  the  tip  was  constrained  within  a  }i-in.- 
diameter  circle  at  the  center  of  the  mercury  meniscus. 
Calculation  of  the  shape  of  the  mercury  meniscus 
[111  indicates  that  the  error  in  locating  the  apex  is 
not  more  than  0.0003  in.  with  the  tip  so  restricted. 

Loss  of  sensitivity  in  the  long  arm  was  encountered 
occasionally  when  the  meniscus  became  contami¬ 
nated  with  foreign  matter.  This  surface  was  cleaned 
by  applying  vacuum  to  a  long  glass  tube  that  was 
inserted  in  the  long  arm  until  its  tip  just  touched 
the  mercury  surface. 

It  is  estimated  that  the  height  of  the  column  of 
mercury  in  the  manometer  may  be  measured  with  a 
precision  of  0.0005  in.  or  better  over  the  range  of 
0  to  40  in. 

The  auxiliary  apparatus  for  manipulating  the 
mercury  in  the  manometer  system  has  been  men¬ 
tioned  previously.  Coarse  adjustment  of  the  mer¬ 
cury  in  the  long  arm  is  attained  by  forcing  mercury 
from  the  reservoir  by  gas  pressure  applied  through  a 
connection  in  the  gas-tight  cover,  as  shown  in 
figure  1.  Fine  adjustments  in  either  arm  are  made 
with  the  manometer  injector.  This  injector  is 
essentially  similar  in  design  to  the  main  mercury 
injector.  It  has  a  %- in.  piston  fixed  to  a  12-pitch 
Acme  screw.  The  piston  is  driven  manually  through 
a  worm  and  gear  having  a  40-to-l  ratio.  One  turn 
of  the  hand  crank  on  the  drive  shaft  raises  or  lowers 
the  mercury  level  in  one  arm  by  0.0012  in. 

The  valves  in  the  steel  valve  block  are  of  the  plug- 
and-barrel  type.  The  rotating  plugs  are  Ketos  steel 
cylinders,  hardened,  ground,  and  lapped  into  hard¬ 
ened  Ketos  steel  sleeves  held  in  the  mild  steel  body 
of  the  valve  block.  In  the  open  position,  %-in. 
transverse  holes  through  the  plug  and  block  are 
brought  into  alinement.  In  the  closed  position 
reliance  is  placed  upon  the  very  small  clearance 
between  plugs  and  sleeves  to  insure  mercury  tight¬ 
ness.  The  valve  stems  pass  through  vacuum-tight 
packing  glands,  which  permit  evacuation  of  the 
system  for  filling  with  mercury. 

The  first  step  in  using  the  manometer  is  to  obtain 
the  manometer  zero,  which  is  a  measure  of  the 
vertical  distance  between  the  contact  point  in  the 
short  arm  and  the  surface  plate  on  which  the  microm¬ 
eter  depth  gage  head  rests.  With  no  flow  of  mercury 
into  the  entrance  reservoir  of  the  viscometer,  the 
manometer  will  come  to  equilibrium  with  the  mer¬ 
cury  at  the  same  level  in  each  arm.  Mercury  is 
added  to  the  manometer  system  until  this  equilibrium 
is  reached  at  the  level  of  the  contact  in  the  short  arm. 
The  mercury  level  in  the  long  arm  is  then  measured 
from  the  surface  plate,  using  the  longest  rod  in  the 
depth  gage.  The  micrometer  head  reading  for  this 
condition  is  a  measure  of  the  desired  vertical  distance 
and  is  called  the  manometer  zero.  This  reading  is 
designated  by  M0. 

To  obtain  the  height  of  mercury  in  the  manometer 
for  a  given  flow  condition,  mercury  is  forced  into  the 
long  arm  until  it  stands  at  its  anticipated  height. 
Then,  with  the  main  injector  running  and  water 


flowing  through  the  capillary  at  the  desired  rate,  the 
two  arms  of  the  manometer  are  opened  to  each 
other.  Mercury  is  added  or  withdrawn  from  the 
manometer  system  as  necessary  until  equilibrium  is 
reached  with  the  mercury  in  the  short  arm  at  the 
level  of  the  contact  point.  The  mercury  then  stands 
as  shown  approximately  in  figure  1.  The  distance 
from  the  surface  plate  to  the  level  of  mercury  in  the 
long  arm  is  measured  by  means  of  a  gage  rod  of 
suitable  length.  The  micrometer  head  reading  for 
this  condition  is  designated  by  Mq.  The  differential 
height  of  mercury  in  the  manometer  is  calculated 
from  the  difference  between  this  reading  and  the 
manometer  zero.  The  height  of  mercury  is  equal  to 
M0  minus  Mq  plus  the  difference  in  length  between 
the  longest  gage  rod  and  the  particular  rod  used  in 
obtaining  MQ. 

When  the  differential  heights  of  mercury  are 
measured  in  this  manner,  the  actual  lengths  of  the 
gage  rods  need  not  be  known,  and  hence  only 
differences  between  the  longest,  wdiich  is  used  in 
obtaining  the  manometer  zero,  and  each  of  the  other 
rods  are  determined.  As  it  was  not  practical  to  cut 
the  rods  such  that  the  differences  in  length  were  in 
steps  of  exactly  1  in.,  this  was  closely  approxi¬ 
mated,  and  the  actual  differences  were  measured, 
using  Hoke  gage  blocks.  These  calibrations  were 
repeated  as  often  as  was  necessary  to  follow  the 
changes  in  the  lengths  of  the  rods.-  It  is  felt  that  the 
corrections  were  known  to  within  at  least  0.0004  in. 
The  results  of  these  calibrations  are  given  in  detail 
in  appendix  B. 

3.4.  Viscometer 

The  viscometer  is  arranged  as  shown  in  figure  1. 
The  capillary  is  mounted  vertically  between  two 
terminal  chambers.  Terminal  pieces  are  perma¬ 
nently  cemented  to  the  ends  of  the  capillary  with  a 
phenolic  elastomer  (Permacel  JX-5).  The  outer 
surfaces  of  the  terminal  pieces  are  conically  ground 
to  fit  the  tapered  joints  in  the  hemispherical  ends  of 
the  chambers,  as  shown.  The  tapered  joints  are 
sealed  wdth  Apiezon,  Hard  Wax  W  to  insure  water 
tightness  and  permit  the  interchanging  of  the 
different  capillaries  used  in  the  viscometer.  The 
lower,  or  entrance,  chamber  is  constructed  of  glass 
and  is  about  2.2  in.  in  diameter  and  4.5  in.  high.  Its 
lower  end  terminates  in  a  tapered  joint  that  is 
cemented  with  the  Hard  Wax  W,  to  the  end  of  a 
fitting  connecting  to  the  mercury  line  from  the  main 
injector.  The  wax  joints  are  coated  with  an  auto¬ 
mobile  gasket  shellac  to  protect  the  wax  from  the 
solvent  action  of  the  bath  oil.  The  exit  chamber, 
also  of  glass,  is  about  1.7  in.  in  diameter  and  4  in. 
high.  It  is  connected  by  glass  tubing  to  both  the 
reservoir  and  the  long  arm  of  the  manometer,  as 
shown.  By  this  means  the  same  water  level  is  main¬ 
tained  in  both  the  viscometer  and  manometer.  The 
capacity  of  the  reservoir  is  sufficient  to  accommodate 
the  volume  of  water  that  is  displaced  through  the 
capillary  by  a  full  stroke  of  the  main  injector. 

In  this  system,  an  increase  or  decrease  in  the 
height  of  mercury  in  the  short  arm  of  the  manometer 
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requires  a  corresponding  flow  of  water  out  of,  or 
into,  the  short  arm  through  the  side  tube  connecting 
it  with  the  entrance  chamber.  Thus,  until  equilib¬ 
rium  is  reached,  the  rate  of  flow  of  water  through 
the  capillary  will  not  correspond  to  the  rate  of  flow  of 
mercury  into  the  entrance  chamber,  but  at  any  time 
will  depend  on  the  pressure  indicated  by  the  differen¬ 
tial  height  of  mercury,  h,  in  the  manometer.  If  q  is 
the  rate  of  flow  through  the  capillary  and  Q  is  the 
rate  of  flow  of  mercury  into  the  entrance  chamber, 
it  can  be  shown  that  q  approaches  Q  as  h  approaches 
the  limiting  value  corresponding  to  flow  Q  through 
the  capillary. 

As  there  is  flow  through  the  tube  connecting  the 
exit  reservoir  with  the  long  arm,  this  tube  offers 
some  viscous  resistance  in  series  with  the  capillary. 
It  can  be  shown  that  the  pressure  drop  through  the 
capillary  plus  this  connecting  tube  is  given  by 
h(DHg—Dw)g,  where  Z?Hg  and  Z>w  are  the  densities 
of  mercury  and  water,  respectively,  and  g  is  the 
acceleration  of  gravity.  However,  neglecting  for 
the  time  being  the  small  viscous  resistance  offered 
by  the  connecting  tube,  and  using  only  the  relatively 
large  first  term  in  eq  3,  we  can  write 


If 


8?7(Z+nr) 
7rr4(Z)Hg  Dw )g  ® 

Sil(l+nr)  , 
7rr4(HHg  Dw  )g 


(10) 


eq  10  is  rewritten 
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For  the  condition  where  q  is  not  equal  to  Q,  the 
flow  of  water  into  or  out  of  the  short  arm  of  the 
manometer  is  given  by  A(l/2)dh/dt,  in  which  A  is 
the  cross-sectional  area  of  the  manometer  tubing 
and  dh/dt  is  the  rate  of  change  of  pressure  head. 
The  total  flow  may  then  be  expressed  as 


«=r+ 


Adh 
2  dt 


(12) 


Integrating  with  Q  constant  gives 

_ 2 1_ 

h  =  kQ+C-e  kA,  (13) 


in  which  C  is  a  constant.  This  equation  shows  that 
the  height  of  mercury  in  the  manometer  approaches 
a  value  corresponding  to  flow  Q  through  the  capil¬ 
lary,  being  precisely  kQ  at  infinite  time. 

In  practice,  the  manometer  is  preset  to  approxi¬ 
mately  its  final  height  and  then  allowed  to  approach 
its  precise  equilibrium  value.  The  flow  time  until 
final  readings  may  be  taken  depends  on  the  accuracy 
attainable  in  measuring  the  height  of  mercury  in 
the  manometer. 

Letting  AA0  represent  the  amount  by  which  h 
differs  from  kQ  at  the  start  of  flow  and  A ht  the  dif¬ 


ference  after  time  t  has  elapsed,  we  can  write 

££=A  (.4) 

from  which 

at:>  (i5) 

Thus,  through  use  of  eq  15  one  can  calculate  the 
time  required  to  reduce  A ht  to  any  desired  fraction 
of  Ah0. 

The  results  are  given  in  table  7  for  each  of  the 
capillaries  used.  These  times'  are  designated  as 
time  constants  of  the  manometer  and  are  shown  for 
various  values  of  the  ratio  AhjAh0.  The  capillary 
designations  given  in  the  table  will  be  identified 
later. 


Table  7.  Manometer  time  constants  in  minutes 


>l> 

>-l  > 

1 

Capillary 

2.5 

2.5a 

1.4 

1.4a 

1/2 - 

7 

4 

10 

8 

1/5 - 

10 

8 

38 

19 

1/10 _ _ 

24 

12 

55 

27 

It  is  evident  that  with  time  constants  of  the  mag¬ 
nitudes  shown  in  table  7,  periodic  variations  in  Q 
resulting  from  imperfections  in  the  change  gears  and 
injector  delivery  will  not  introduce  appreciable  error 
in  the  measured  pressure. 

As  mentioned  before,  the  measured  pressure  in¬ 
cludes  the  pressure  drop  through  the  tube  connecting 
the  exit  reservoir  and  the  long  arm.  If  P  is  the  dif¬ 
ference  in  pressure  between  the  end  reservoirs,  lT  is 
the  length  of  the  connecting  tube,  rT  is  the  radius  of 
the  connecting  tube,  B  is  the  cross-sectional  area  of 
the  reservoir,  and  the  other  symbols  are  as  before, 
it  is  seen  that 

A(D-.-Dw)a=e[ i+'fkXxTs)}  <16) 


or 


P — h(DHg  Dw)g 


The  calculated  value  of  this  factor  by  which  h(Dng  — 
Dw)g  must  be  multiplied  to  give  the  pressure  drop 
across  the  capillary  alone  is  as  follows  for  each 
capillary  used: 


Capillary 

Factor 

25  : .  .  - 

0.  999995 
.  999980 
.  999997 
.  999991 

2  5a  _  _ 

14  . 

1  4a  _  -  -  _  -  -  - 
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While  these  corrections  are  insignificant  relative  to 
the  precision  with  which  the  manometric  measure¬ 
ments  were  made,  the  corrections  were  applied. 

3.5.  Temperature  Control 

The  oil  baths  by  means  of  which  the  temperatures 
of  the  various  parts  of  the  apparatus  are  maintained 
constant  consist  of  metal  tanks  insulated  with  a  mini¬ 
mum  thickness  of  3  in.  of  ground  cork.  Inside  each 
tank  and  close  to  the  side  is  a  vertical  stirrer  tube  6  in. 
in  diameter  extending  from  above  the  oil  surface  to 
a  point  a  few  inches  above  the  bottom.  A  propeller 
on  an  axial  shaft  in  the  tube  draws  oil  from  the  bath 
through  a  port  just  below  the  oil  level  and  discharges 
it  into  the  tank  near  the  bottom  with  sufficient  veloc¬ 
ity  to  keep  the  main  body  of  oil  in  fairly  rapid  mo¬ 
tion.  Electric  heating  coils  and  mercury-in-steel 
thermoregulators,  annular  in  form,  are  mounted,  one 
above  the  other,  in  the  stirrer  tubes  in  such  fashion 
that  oil  flows  down  over  both  their  inner  and  outer 
surfaces. 

The  viscometer  bath  is  held  at  20°  C  by  artificial 
cooling.  To  effect  this  cooling  a  tank  of  light  oil  is 
maintained  at  15°  ±0.1°  C  by  a  refrigerating  system 
in  conjunction  with  an  automatically  controlled  elec¬ 
tric  heater.  The  oil  from  this  tank  is  pumped  at  a 
steady  rate  through  a  coil  in  the  stirrer  tube  in  the 
viscometer  bath,  and  the  temperature  is  controlled 
by  a  thermostatically  regulated  heater.  This  system 
of  temperature  regulation  was  used  during  the  first 
two  series  of  flow  measurements  and  provided  control 
to  ±0.004  deg  C.  Following  these  tests  the  appara¬ 
tus  was  idle  for  6  years.  When  work  was  resumed, 
it  was  found  that  this  thermoregulator  was  insensi¬ 
tive.  For  the  later  flow  measurements  this  bath  was 
controlled  by  manual  regulation  of  a  variable  trans¬ 
former.  Although  tedious,  the  control  was  of  the 
order  of  ±0.001  deg  C.  As  the  viscosity  of  water 
changes  by  only  1  part  in  10,000  for  a  temperature 
change  of  0.004  deg  C  in  the  neighborhood  of  20°  C, 
this  control  was  more  than  adequate. 

The  main  injector  and  auxiliary  baths  were  held 
above  room  temperature,  and  therefore  no  artificial 
cooling  was  required.  The  injector  bath  was  found 
to  hold  its  temperature  consistently  to  ±0.002  deg 
C.  The  thermoregulator  in  the  auxiliary  bath  was 
not  designed  to  be«as  sensitive  as  the  other  two,  and 
the  temperature  control  in  this  bath  was  ±0.01 
deg  C.  Temperature  variations  of  the  magnitudes 
found  in  these  baths  cannot  affect  the  measurements 
by  as  much  as  1  part  in  100,000. 

Standard  electric  circuits  were  used  with  the 
thermoregulators.  Steady  currents  through  the 
heating  coils,  not  quite  sufficient  to  maintain  temper¬ 
ature,  were  periodically  augmented  by  intermittent 
currents  controlled  by  the  regulators.  By  means 
of  motor-driven  variable  resistors,  the  steady  cur¬ 
rents  were  automatically  adjusted  to  changing  room 
temperature,  temperature  distribution  in  bath  insula¬ 
tion,  and  line  voltage. 

Two  thermometers  were  used  in  the  viscometer 
bath,  one  at  the  level  of  the  entrance  chamber  of 
the  viscometer  and  the  other  at  the  level  of  the  exit 


chamber.  Temperature  gradients  were  so  small 
that  readings  on  these  two  thermometers  always 
agreed  within  0.002  deg  C. 

WEen  flow  measurements  are  being  made  the 
mercury  leaves  the  injector  at  a  temperature  10  deg 
or  more  higher  than  that  of  the  viscometer  bath. 
In  order  to  bring  the  temperature  of  the  mercury 
close  to  20  deg  C  before  it  enters  the  entrance 
chamber  of  the  viscometer,  oil  is  pumped  from  the 
viscometer  bath  through  a  copper  jacket  placed 
around  the  mercury  line.  The  returning  oil  is  dis¬ 
charged  into  the  top  of  the  viscometer  bath  stirrer 
tube,  and  hence  its  effect  is  to  improve  stirring 
rather  than  to  increase  temperature  gradients 
throughout  the  bath.  Experiments  were  performed 
to  measure  the  effectiveness  of  the  precooling  of  the 
mercury  entering  the  viscometer.  A  thermometer 
was  introduced  into  the  entrance  chamber  through 
the  ground  joint  normally  holding  the  capillary. 
With  the  viscometer  bath  at  20°  C  and  the  main 
injector  bath  at  35°C,  the  temperature  of  the  water 
in  the  chamber  was  measured  at  various  rates  of 
flow  of  mercury  into  the  chamber.  Even  at  the 
highest  rates  of  flow  used  (0.25  cm3/sec),  no  measur¬ 
able  temperature  difference  between  the  water  and 
the  bath  liquid  was  observed. 

Temperatures  were  measured  with  platinum  re¬ 
sistance  thermometers  and  a  Mueller  thermometer 
bridge.  The  thermometers  were  calibrated  several 
times  at  the  steam  and  sulfur  points,  and  more 
frequent  readings  were  taken  at  the  ice  point  or 
triple  point  of  water.  Every  2  months,  or  oftener, 
the  bridge  was  calibrated  in  terms  of  a  10-ohm 
secondary  standard.  Regular  calibrations  of  the 
standard  were  made  by  the  Resistance  Measure¬ 
ments  Section  of  the  Bureau.  It  is  believed  that 
temperature  measurements  were  made  with  an 
accuracy  of  ±0.001  deg  C. 

4.  Capillaries  and  Their  Measurement 

4.1.  Selection  and  Preparation 

Flow  measurements  were  made  with  four  capil¬ 
laries.  One  length  of  capiallary  was  selected  in 
each  of  two  diameters,  and,  after  measuring  their 
dimensions  and  making  the  necessary  flow  measure¬ 
ments,  they  were  cut  in  half,  and  the  measurements 
were  repeated  with  one  half-length  of  each  tube. 
In  this  manner  flow  data  were  obtained  on  two  pairs 
of  capillaries,  the  tubes  in  each  pair  being  close  to 
the  same  diameter  but  having  different  lengths. 

The  capillaries  were  selected  from  FS  Precision- 
Bore  capillary  tubing  obtained  from  the  Fish- 
Schurman  Corp.  The  first  selection  was  made  in 
1938  from  three  tubes  of  Jena  Duran  Glass  3891— III 
having  external  diameters  of  about  5  mm  and 
internal  diameters  of  about  0.5  mm.  The  capillary 
selected  was  numbered  2.5  and  the  half-length,  which 
was  later  cut  from  this  tube,  was  numbered  2.5a. 
Three  more  tubes  were  obtained  from  the  same  com¬ 
pany  in  1947.  These  were  of  Pyrex  and  had  about 
the  same  external  diameter  but  had  a  bore  diameter 
of  0.4  mm.  The  capillary  chosen  from  this  stock 
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was  designated  as  No.  1.4  and  the  half-length  as  1.4a. 

The  tubes  were  chosen  for  uniformity  and  straight¬ 
ness  of  bore  and  freedom  from  blemishes.  The 
character  of  the  inner  surfaces  was  examined  under 
a  microscope  with  the  bores  filled  with  water,  while 
the  examination  for  uniformity  of  bore  was  made 
with  the  tubes  mercury -filled.  The  uniformity  of 
the  tubes  was  such  that  the  selection  could  be  made 
from  the  first  few  obtained. 

An  unused  length  from  the  stock  of  Jena  glass  was 
sectioned  part  way  along  its  bore  in  such  a  way  as 
to  expose  the  surface  of  the  bore  for  examination. 
A  portion  of  the  exposed  surface  was  photographed 
at  a  magnification  of  X200  and  is  shown  in  figure 
3,  A. 

This  section  is  typical  of  the  surface  of  the  bore  of 
capillaries  2.5.  and  2.5a.  The  surface  shown  in 
figure  3,  B  is  typical  of  the  Pyrex  capillaries  1.4  and 
1.4a.  It  is  seen  that  both  of  these  surfaces  are 
characterized  by  many  longitudinal  grooves.  These 
grooves  vary  in  width  between  about  0.002  and  0.008 
mm  and  are  considerably  less  deep  than  wide.  The 
Pyrex  capillaries  are  singularly  free  from  very  many 
other  markings.  The  Jena  capillaries  have  regions 
of  pits  and  elevations  superimposed  upon  the  grooved 
markings.  All  of  these  surface  markings  are  so 
small  in  relation  to  the  diameters  of  the  capillaries, 
however,  that  it  is  believed  their  viscometric  effects 
cannot  be  serious. 

To  examine  for  uniformity  of  bore  the  mercury- 
filled  capillary  was  immersed  in  oil  having  the  same 
index  of  refraction  as  the  glass.  Diameter  measure¬ 
ments  were  made  with  a  microscope  having  a  filar 
micrometer  eyepiece.  Such  measurements  were 
made  at  points  spaced  5  cm  apart,  except  that  the 
points  nearest  the  two  ends  of  a  tube  were  taken  1 
cm  from  the  end.  Measurements  were  made  at 
each  point  in  four  radial  directions  spaced  45°  apart. 
The  results  obtained  with  capillary  2.5  are  given  in 
table  8.  The  micrometer  eyepiece  was  not  accurately 
calibrated,  and  therefore  the  numbers  in  the  table 
are  in  arbitrary  units.  The  precision  of  the  measure¬ 
ments  was  about  1  part  in  500.  The  ends  of  this 
tube  were  designated  as  1  and  2,  and  the  distances 
to  the  points  at  which  the  diameter  measurements 
were  made  were  taken  from  end  1. 

Table  8.  Optical  measurements  of  the  diameter  of  capillary 
2.5,  arbitrary  units 


Distance 

Radial  direction — 

from  end  1 

0° 

45° 

90° 

135° 

cm 

1 

1124 

1123 

1128 

a  1120 

5 

1124 

1121 

1127 

1121 

10 

1125 

1127 

1124 

1123 

15 

1129 

1123 

1131 

1126 

20 

1127 

1122 

1131 

1123 

25 

1124 

1124 

1123 

1129 

30 

1125 

1121 

1126 

1128 

35 

1122 

1121 

1131 

1123 

40 

1129 

1127 

1131 

1124 

45 

1129 

1123 

»  1132 

1124 

49 

“  1120 

1124 

1124 

1126 

“  Highest  and  lowest  values. 


Figure  3.  Photomicrographs  of  surface  of  capillary  bores. 
Magnification  X200.  A,  typical  of  Jena  glass;  B,  typical  of  Pyrex  glass. 


It  is  seen  that  the  maximum  variation  shown  by 
the  measurements  given  in  table  8  is  only  1  percent. 
The  effect  of  variations  of  this  order  will  be  discussed 
later  under  “Caliber  corrections.” 

Similar  measurements  made  on  capillary  1.4  are 
given  in  table  9.  The  ends  of  this  tube  were  num¬ 
bered  4  and  5,  and  the  distances  are  measured  from 
end  4.  The  bore  of  this  capillary  is  seen  to  be  about 
as  uniform  as  that  of  capillary  2.5,  showing  a  maxi¬ 
mum  variation  of  1.3  percent. 

Following  this  selection,  the  ends  of  the  capillaries 
were  fitted  with  glass  terminal  pieces  so  that  the 
bores  terminate  in  circular  planes  1  cm  in  diameter. 
The  end  planes  of  the  terminals  were  ground  normal 
to  the  axis  of  the  bores  and  then  polished  until  good 
sharp  edges  were  obtained  at  the  intersections  of  the 
cylindrical  bore's  with  the  terminal  planes. 

When  the  longer  capillaries  2.5  and  1.4  were  cut  in 
half,  new  terminal  pieces  were  cemented  at  the  cut 
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Table  9.  Optical  measurements  of  the  diameter  of  capillary  1.4-, 
arbitrary  units 


Distance 

Radial  direction— 

from  end  4 

0° 

O 

lO 

90° 

135° 

cm 

1 

895 

892 

887 

892 

5 

890 

892 

889 

892 

10 

893 

895 

888 

891 

15 

895 

894 

888 

893 

20 

889 

893 

892 

892 

25 

893 

895 

893 

895 

30 

892 

891 

891 

892 

35 

891 

895 

888 

a  897 

40 

890 

892 

889 

896 

44 

889 

890 

a  885 

892 

•  Highest  and  lowest  values. 


ends  only.  Thus,  the  shorter  capillaries  2.5a  and 
1.4a  each  had  one  new  end  and  one  end  from  the 
original  tube.  Capillary  2.5a  retained  the  original 
end  number  1  from  capillary  2.5,  and  its  new  end 
was  numbered  3.  Similarly,  capillary  1.4a  had  the 
original  end  No.  4,  and  the  new  end  was  numbered  6. 
These  numbers  will  be  used  later  in  identifying  the 
direction  of  flow  through  the  capillaries  during  the 
flow  measurements. 

The  ends  of  the  bores  of  the  capillaries  are  shown 
in  figure  4.  The  finished  edges  of  the  bores  were 
not  always  perfect,  as  shown  particularly  by  A  and  F. 
The  badly  chipped  edges  shown  in  D  occurred  after 
the  flow  measurements  involving  this  end  had  been 
nearly.completed.  The  three  series  of  flow  measure¬ 
ments  had  been  completed  with  capillary  1.4,  and 
the  chipped  places  appeared  on  disassembling  the 


apparatus  after  the  first  series  with  capillary  1.4a. 
The  second  series  with  1.4a  was  made  after  the  chips 
were  discovered.  It  will  be  apparent  from  the  data 
given  later  that  these  chipped  places  did  not  measur¬ 
ably  affect  the  results. 

4.2.  Mean  Radii  of  the  Capillaries  by  the  Gravimetric 

Method 

Although  optical  measurements  of  diameter  are 
useful  in  describing  the  variations  in  shape  and  area 
of  cross  section  of  the  bore  along  a  tube,  such  meas¬ 
urements  cannot  be  made  with  sufficient  accuracy 
to  deduce  a  mean  radius  that  may  be  used  in  calcu¬ 
lating  the  resistance  to  viscous  flow  offered  by  the 
tube.  Consequently,  other  methods  were  used  to 
obtain  the  mean  radii  of  the  capillaries. 

The  first  method  used  involves  the  weighing  of 
the  quantity  of  mercury  required  to  fill  the  tube. 
The  mean  area  of  cross  section  is  calculated  by  using 
the  known  density  of  mercury  and  the  length  of 
the  tube. 

For  these  determinations  a  clamp  was  made  so 
that  one  end  of  the  capillary  could  be  closed  off  by 
means  of  a  glass  optical  flat  clamped  against  the 
polished  face  of  the  terminal  piece.  The  optical 
flat  extended  sufficiently  beyond  the  edge  of  the 
terminal  piece  to  permit  a  nickel  ring  to  be  cemented 
to  it  to  hold  mercury  as  a  vacuum  seal  when  the 
capillary  was  supported  vertically.  By  means  of 
a  ground  glass  joint,  the  terminal  piece  at  the  upper 
end  of  the  capillary  vas  cemented  to  a  vacuum 
system.  The  tube  was  then  filled  under  vacuum 
with  double-distilled  mercury  and  disconnected 


Figure  4.  Photomicrographs  of  the  ends  of  the  capillaries. 

Magnification  X75.  A,  Capillary  2.5,  end  1;  B,  capillary  2.5,  end  2;  C,  capillary 
2.5,  end  3;  D,  capillary  1.4,  end  4;  E,  capillary  1.4,  end  5;  F,  capillary  1.4,  end  6. 
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from  the  vacuum  system.  The  mercury-filled  tube 
was  mounted  vertically  in  a  well-stirred  water  bath 
with  temperature  control.  A  platinum  resistance 
thermometer  was  used  to  determine  the  temperature 
of  the  water  in  the  bath.  The  upper  end  of  the  capil¬ 
lary  was  allowed  to  extend  about  4  mm  above  the 
water  level,  and  on  the  flat  horizontal  surface  of 
the  end  piece  was  placed  a  small  glass  optical  flat 
through  which  the  suitably  illuminated  end  of  the 
bore  could  be  observed  with  the  aid  of  a  magnifying 
glass.  Observations  were  then  made  to  determine 
the  exact  temperature  at  which  the  bore  was  com¬ 
pletely  filled.  As  the  temperature  was  increased 
the  area  of  contact  between  the  mercury  and  the 
optical  flat  increased  until  the  asea  became  equal 
to  the  cross-sectional  area  of  the  bore.  The  appear¬ 
ance  of  the  interference  fringes  between  the  flat 
and  the  face  of  the  end  piece  aided  in  determining 
when  the  flat  was  in  close  contact  with  the  face  and 
not  pushed  up  by  the  mercury. 

Having  determined  the  temperature  at  which 
the  bore  was  just  full,  the  bath  temperature  was 
lowered  until  the  mercury  was  no  longer  in  contact 
with  the  flat.  The  flat  was  then  removed  and  the 
capillary  taken  out  of  the  bath  and  dried.  The 
mercury  in  the  bore  was  then  ready  to  transfer  to 
a  smail  bottle  for  weighing.  This  was  accom¬ 
plished  by  first  carefully  removing  the  mercury 
from  the  seal  at  the  clamped  end.  The  capillary 
was  mounted  in  a  position  about  30°  from  horizontal 
with  the  closed  end  high,  and  the  clamp  seal  was 
opened  slowly  allowing  the  mercury  to  flow  into  the 
weighing  bottle.  Occasionally  the  mercury  thread 
would  break  leaving  a  small  filament  of  mercury 
in  the  end  of  the  tube.  This  was  removed  by  the 
gentle  application  of  air  pressure  at  the  opposite 
end.  The  capillary  was  then  examined  with  a 
magnifying  glass  to  make  certain  that  no  mercury 
remained. 

Measurements  of  the  air  temperature  made  in 
the  region  up  to  about  3  cm  above  the  liquid  level 
in  the  bath  showed  that,  under  the  prevailing  con¬ 
ditions,  the  temperatures  were  about  0.5  to  1  deg 
C  above  that  of  the  bath.  This  was  found  to  be  the 
case  for  bath  temperatures  between  20°  and  31°  C 
for  all  room  temperatures  experienced.  On  this 
basis,  the  error  in  determining  the  mass  of  mercury 
required  to  fill  the  capillary,  introduced  by  not  cor¬ 
recting  for  the  temperature  of  the  4  mm  of  capillary 
exposed  above  the  bath  liquid,  was  less  than  3  parts 
per  million  for  any  of  the  capillaries  used. 

A  further  calculation  showed  that  the  dilation  of 
the  tube  and  the  compression  of  the  mercury  caused 
by  the  pressure  exerted  by  the  column  of  mercury 
changed  the  mass  required  to  fill  the  tube  by  not 
more  than  3  parts  per  million  for  any  of  the  capil¬ 
laries.  This  correction  was  also  neglected. 

As  the  capillaries  were  to  be  used  at  20°  C,  the 
dimensions  at  this  temperature  were  required. 

If  Me  is  the  mass  of  mercury  that  just  fills  the 
capillary  at  6°  C,  D2 0  is  the  density  of  mercury  at 
20°  C,  a  is  the  temperature  coefficient  of  linear 
expansion  of  glass,  0  is  the  temperature  coefficient 


of  density  of  mercury,  A0=(0— 20),  and  r20  and  l20 
are  the  capillary  radius  and  length  at  20°  C,  we  can 
write 


M9  =  *Tio( l+aA0)2f2o(l+aA0)  D20(  1-0A0).  (18) 


Also 


M.  20 —  7T/’20  ^20  D 


20) 


(19) 


in  which  M20  is  the  mass  of  mercury  that  would  be 
required  to  fill  the  capillary  at  20°  C.  Combining 
eq  18  and  19,  we  can  say,  with  more  than  sufficient 
accuracy  for  the  purpose, 


M  20 


Me 

1  +(3 a-&)  Ad' 


(20) 


Through  use  of  eq  19  and  20,  values  of  r20  are  com¬ 
puted  corresponding  to  the  measured  quantities 
d  and  Me. 

The  capillaries  were  cleaned  prior  to  each  measure¬ 
ment  of  the  radius.  The  cleaning  procedures  in¬ 
volved  the  discreet  use  of  either  nitric  or  chromic 
acids,  followed  by  distilled  water  and  drying  air. 
When  chromic  acid  was  used,  after  the  removal  of 
the  bulk  of  acid  and  preliminary  rinsing,  the  bores 
were  soaked  with  distilled  water  for  at  least  1  hour 
before  the  final  rinsing  with  water.  The  cleaning 
agents  and  distilled  water,  as  well  as  the  drying  air, 
were  always  passed  through  a  sintered-glass  filter 
before  being  introduced  into  the  capillary.  Radius 
measurements  made  at  various  times  provide  good 
evidence  that  the  sizes  of  the  bores  were  not  changed 
by  any  of  these  cleaning  procedures  by  any  measur¬ 
able  amounts  (see  table  11). 

The  measurements  of  the  lengths  of  the  four 
capillaries  were  made  by  the  Gage  Section  of  the 
Bureau  by  comparison  with  Hoke  end  gages. 

The  results  are  as  follows: 


Capillary 

bo 

2.5  __  .  _ _ _  . 

48.  736 

2.5a  _  _  _  _  _  _ 

24.  316 

1.4 _ _  _ _  _ 

45.  208 

1.4a _  -  --  _  --- 

22.  525 

It  is  believed  that  all  the  figures  given  are  significant. 

The  weighings  of  the  quantities  of  mercury  were 
made  by  the  Mass  Section  of  the  Bureau.  The 
details  of  the  weighings  concerned  with  capillary  2.5 
are  not  known.  For  the  other  capillaries  each  quan¬ 
tity  of  mercury  was  weighed  twice.  In  connection 
with  the  weighings  made  on  the  fillings  of  capillaries 
2.5a  and  1.4a,  a  detailed  study  of  the  behavior  of  the 
glass  weighing  bottles  used  in  the  measurements  was 
made  in  the  Mass  Section  under  the  direction  of 
L.  B.  Macurdy.  The  results  of  this  study  are  given 
in  appendix  C. 

It  was  concluded  that  the  masses  of  the  samples 
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from  the  fillings  of  capillaries  2.5a,  1.4,  and  1.4a  were 
known  with  an  accuracy  of  ±0.01  mg?  or  better. 
The  samples  from  the  fillings  of  capillary  2.5  were 
probably  weighed  with  comparable  accuracy. 

In  the  calculation  of  M20  through  the  use  of  eq  20 
the  values  used  for  a  were  those  recommended  by 
the  manufacturers.  These  values  are  3.6  X  10_6/°  C 
for  the  Jena  Duran  Glass  3891— III,  of  which  capilla¬ 
ries  2.5  and  2.5a  are  made,  and  3.2  X  10_6/°  C  for 
Pyrex  capillaries  1.4  and  1.4a.  The  density  of 
mercury  at  20°  C  was  taken  as  13.54589  g/cm3  and 
(3  as  180.9  X  10~6.  These  values  were  obtained  from 
the  work  of  Beattie  [12]  (see  appendix  A). 

Five  separate  fillings  of  each  capillary  were  made, 
the  results  of  which  are  shown  in  table  10.  The 
temperatures  given  are  those  at  which  the  bores 
were  judged  to  be  exactly  filled.  The  values  of  Me 
given  for  capillaries  2.5a,  1.4,  and  1.4a  are  the  means 
of  the  two  weighings  made  on  each  quantity  of 
mercury.  The  values  of  M20  are  calculated  by  using 
eq  20. 

Table  10.  Computations  of  mean  radii  by  the  gravimetric 

method 


Cap¬ 

il¬ 

lary 

Date 

6 

Me 

Mm 

r  2 

Go 

f20 

°C 

9 

9 

cm 2 

cm 

r  5/10/41 

19.91 

1.313  12 

1.313  10 

5/14/41 

20.  18 

1.313  19 

1.313  23 

2.5 

5/15/41 

19.22 

1.313  36 

1.313  19 

5/16/41 

19.  82 

1.313  15 

1.313  11 

l  5/17/41 

20.  94 

1.  312  84 

1.313  05 

Mean _ 

1.313  14 

6. 3315X10-* 

2.5162X10-2 

f  1/17/50 

27. 19 

0. 654  305 

0.  655  106 

1/18/50 

25.62 

.  654  488 

.655  114 

2.  5a 

]  1/19/50 

27.  79 

.  654  187 

».  655  055 

1/20/50 

24.23 

.  654  641 

.655 113 

{  1/23/50 

27. 12 

.  654  326 

. 655  119 

Mean _ 

0.  655  113 

6. 3309 

2.  5161 

f  11/22/48 

23.28 

0.  774  995 

0.  775  431 

11/23/48 

23.59 

.  774  943 

. 775  420 

1.4 

\  11/24/48 

24.68 

. 774  733 

».  775  355 

11/30/48 

23.  26 

.  774  983 

.  775  416 

{  11/30/48 

24.82 

.  774  774 

.  775  414 

Mean _ 

0.  775  420 

4. 0305 

2.  0076 

f  1/24/50 

27.  52 

0. 386  255 

0.  386  753 

1/25/50 

31.39 

.386  015 

.  386  770 

1.4a 

]  1/26/50 

29.  87 

.  386  099 

.  386  753 

1/27/50 

28. 14 

.  386  217 

.  386  756 

l  1/27/50 

30.68 

.  386  052 

.  386  759 

Mean _ 

0. 386  758 

4. 0348 

2.  0087 

«  Determinations  discarded. 


With  capillary  2.5a  the  result  of  the  third  filling 
shows  a  deviation  from  the  mean  of  the  order  of 
10  times  as  great  as  the  other  four.  This  is  also  the 
case  with  the  third  filling  with  capillary  1.4.  As  no 
discrepancies  are  found  in  the  weighings,  it  seems 
evident  that  in  these  cases  there  was  an  undetected 
loss  of  mercury  in  the  transfer  from  the  capillary  into 
the  weighing  bottle,  and  the  results  of  these  two 
fillings  were  discarded.  The  values  of  r20  given  in 
the  table  were  calculated  from  the  mean  values  of  M2o 
for  each  capillary  and  represent  the  squares  of  the 
radii  of  right  circular  cylinders  of  the  same  volumes 
and  lengths  as  the  capillaries  measured. 


4.3.  Mean  Radii  of  the  Capillaries  by  the  Electric 
Resistance  Method 

The  second  method  used  for  the  precise  determi¬ 
nation  of  the  mean  radii  of  the  boresof  the  capillaries 
is  based  upon  the  electric  resistances  of  the  bores  when 
filled  with  mercury. 

The  electric  resistance,  R,  of  a  cylindrical  con¬ 
ductor  of  length  Z,  radius  r,  and  resistivity  p  is  given 

by 


As  the  resistivity  of  mercury  is  accurately  known, 
eq  21  affords  a  means  of  calculating  the  mean  cross- 
sectional  area  of  the  bore  of  a  capillary. 

To  adapt  this  method  to  the  measurement  of  the 
mean  radii  of  the  capillaries,  glass  terminal  bulbs 
were  constructed  with  ground  joints  to  fit  the  ter¬ 
minal  pieces  of  the  capillaries.  A  capillary  with  the 
terminal  bulbs  cemented  in  place  is  shown  mounted 
in  its  supporting  frame  in  figure  5.  The  bulbs  are 
cylindrical  with  hemispherical  ends  and  are  5  cm  long 
with  an  internal  diameter  of  2.2  cm.  Two  tubes  of 
0.5-cm  inside  diameter  are  brought  up  from  each 
terminal  bulb,  as  shown  in  the  figure.  The  distance 
from  the  face  of  the  terminal  piece  of  the  capillary  to 
the  level  of  the  side  tube  in  the  upper  bulb  is  2.4  cm. 
The  corresponding  distance  in  the  lower  bulb  is 
1.5  cm. 

For  making  a  measurement,  the  apparatus  was 
evacuated  and  completely  filled  with  double-distilled 
mercury  up  to  a  level  within  about  1  cm  of  the  tops 
of  the  four  tubes  leading  up  from  the  terminal  bulbs. 
Special  electric  connectors  were  placed  on  the  tops 
of  the  four  tubes,  as  shown  in  the  figure.  Each 
connector  was  made  from  a  short  piece  of  glass 
tubing  sealed  at  the  middle  to  separate  the  two  end 
portions  of  the  tube.  '  A  platinum  wire  was  passed 
through  the  seal  to  make  electric  connection  between 
the  end  portions  of  the  tuBe.  The  connectors  fitted 
loosely  on  the  tubes  leading  from  the  terminal  bulbs 
with  the  platinum  wires  making  contact  with  the 
mercury  in  the  tubes.  The  connectors  were  filled 
above  the  glass  seals  with  mercury,  into  which  the 
copper  lead  wires  to  the  resistance  bridge  were 
dipped.  The  ends  of  the  copper  lead  wires  were 
amalgamated  electrolytically,  and  the  platinum  wires 
were  immersed  in  mercury  for  several  months  before 
use.  With  these  connectors  good  electric  contact  is 
made  without  contaminating  the  mercury  in  the 
capillary  with  copper  from  the  lead  wires. 

The  resistance  measurements  were  made  with  a 
Mueller  resistance  bridge.  With  the  two  leads 
connected  to  each  terminal  bulb,  the  procedure  was 
similar  to  that  used  with  a  four-lead  resistance 
thermometer.  The  mean  of  the  two  readings  taken 
was  the  resistance  of .  the  mercury  between  the 
branch  points  in  the  two  terminal  bulbs.  This  re¬ 
sistance,  corrected  for  the  resistance  in  the  terminal 
bulbs,  yielded  the  resistance  of  the  column  of  mer¬ 
cury  in  the  capillary  bore. 

It  has  been  shown  (see,  for  example,  Maxwell  [13]) 


536/14 


Figure  5.  Capillary  mounted  for  the  determination  of  its 
mean  radius  by  the  electric  resistance  method 


that  the  amount  to  be  added  to  the  measured  re¬ 
sistance  to  account  for  the  flow  of  electricity  at  the 
end  of  a  tube  may  be  expressed  as  an  additional 
length  equal  to  a  constant  times  the  radius  of  the 
bore  at  the  end.  A  calculation  by  Rayleigh  [14] 
yields  a  value  of  0.82  for  this  constant.  As  the 
optical  measurements  of  the  diameters  of  the  four 
capillaries  showed  that  the  mean  radii  at  the  ends 
of  a  capillary  never  differed  from  the  mean  for  the 
whole  tube  by  more  than  0.3  percent,  we  can  say 
that  the  sum  of  the  corrections  for  the  two  ends  is 
2X0.82 Xr,  where  r  is  the  mean  radius  for  the  whole 
tube.  Including  the  corrections  for  the  ends,  eq  21 
then  becomes 


D  p  (l-\- 1 .64r) 

li  — - o - 

'rrV'^ 


(22) 


If  subscripts  refer  to  the  temperature  in  °  C,  we  can 
introduce  the  coefficient  of  expansion  of  the  glass  into 


eq  22,  which  then  becomes 


n  _ Pe  (^20+  1  •64r2o)  (1  +  aAd) 

7rr2o(l+aA0)2 

from  which 

2  _ Pe  P20+  1  •64r20~| 

20  7r  (1 +aA0)  J 


(23) 


(24) 


For  the  solution  of  this  equation,  an  approximate 
value  of  r20  is  substituted  in  the  second  term  on  the 
right. 

In  all  of  this  work  the  resistances  are  measured  in 
absolute  ohms.  The  following  equation  was  used  to 
calculate  the  resistivity  of  mercury  in  absolute  ohm- 
centimeters  at  the  temperature  of  the  measurement: 


ps=94.1232X 

1CF6(1 +889. 15  X 10-6-  0+0.99360  X 10-6-  02),  (25) 

in  which  6  is  in  °  C,  and  94.1 232  X 10-6  is  the  resistivity 
of  mercury  at  0°  C.  (See  appendix  A.) 

The  diameter  of  each  capillary  was  measured  at 
several  different  times'  by  this  method.  For  these 
measurements  the  capillary  with  the  attached  ter¬ 
minal  bulbs  was  immersed  either  in  a  liquid  bath, 
whose  temperature  was  controlled  within  close 
limits,  or  in  an  ice-and-water  bath.  The  results 
obtained  with  the  four  capillaries  are  given  in  table 
11. 


Table  11.  Computations  of  mean  radii  by  the  electric  resist¬ 
ance  method 


Capil¬ 

lary 

Date 

8 

Bi 

r2 

'20 

T20 

0  C 

Ohms 

cm 2 

cm 

3 '25/41 

+20. 000 

2. 35007 

6. 3315X10-4 

3/25/41 

+41. 336 

2. 39665 

6. 3316 

3/27/41 

+31.971 

2. 37596 

6. 3315 

2.5... 

{■  3/29/41 

+8.  259 

2. 32532 

6. 3315 

7/11/47 

+20. 000 

2. 35013 

6.3313 

4/20/48 

-0.  007 

2. 30827 

6. 3315 

l  4/28/48 

+23.  912 

2.  35846 

6. 3315 

Mean _ 

6. 3315 

2.  5162X10-2 

[  2/18/49 

-0.  002 

1. 15287 

6. 3302 

2.5a.. 

]  5/3/49 

-.003 

1. 15282 

6. 3305 

{  11/19/49 

-.006 

1. 15287 

6.  3302 

Mean _ 

6. 3303 

2.  5160 

f  10/18/48 

-0. 003 

3. 36341 

4. 0302 

1.4... 

1  ll'17/48 

-.004 

3. 36334 

4. 0303 

1  1/10/49 

-.001 

3. 36333 

4. 0303 

{  2/16/49 

-.001 

3. 36332 

4.0303 

Mean _ 

4. 0303 

2.  0076 

1.4a.. 

/  8/18/49 

1  10/7/49 

-0.  005 

1.  67520 

4.  0347 

-.004 

1. 67520 

4. 0347 

Mean _ 

4.  0347 

2.  0087 

The  measurements  on  capillary  2.5  made  over 
quite  a  range  of  temperatures  are  in  good  agreement, 
which  tends  to  confirm  the  values  of  the  constants 
in  eq  25  in  this  temperature  range.  However,  as  it 
is  believed  that  the  resistivity  of  mercury  is  known 
best  at  0°  C,  of  the  later  measurements  only  those, 
made  close  to  0°  C  were  included  in  the  calculations 
of  the  radii.  The  coefficient  of  expansion  of  the 
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glass  need  not  be  known  accurately  for  use  in  eq 
24,  because  an  uncertainty  in  its  value  of  as  much 
as  1  part  in  32  will  result  in  an  uncertainty  of  only 
2  parts  in  a  million  in  the  value  of  r\0  as  calculated 
from  a  measurement  made  at  0°  C. 

The  radius  measurements  on  a  particular  capillary 
were  always  made  at  times  embracing  the  period 
during  which  the  capillary  was  being  used  in  the 
flow  measurements.  With  each  capillary,  the  agree¬ 
ment  among  the  different  determinations  is  good, 
and  there  is  no  evidence  of  any  trend  with  time  or 
use,  even  with  capillary  2.5,  on  which  measurements 
were  made  during  1941  and  later  in  1947  and  1948. 

4.4.  Caliber  Corrections 

The  derivation  of  eq  2,  expressing  the  resistance 
to  the  viscous  flow  of  a  liquid  through  a  tube,  is 
based  upon  the  bore  having  the  shape  of  a  right 
circular  cylinder.  The  optical  measurements  of  the 
diameters  of  the  capillaries  used  here  have  shown 
that  they  all  depart  somewhat  from  this  ideal  con¬ 
dition.  Consequently,  a  correction  must  be  applied 
to  a  measured  radius  to  account  for  the  difference 
between  the  viscous  resistance  in  the  actual  capillary 
used  and  in  an  equally  long  one  of  uniform  circular 
cross  section.  The  determination  of  the  mean  radius 
by  the  gravimetric  method  has  yielded  the  radius  of 
a  right  circular  cylinder  of  length  and  volume  equal 
to  those  of  the  bore  of  the  capillary.  This  radius 
may  then  be  corrected  appropriately  for  substitution 
in  eq  2.  However,  the  resistance  to  flow  of  electricity 
is  also  affected  by  the  variable  cross  section  of  a 
tube.  Therefore,  the  radii  of  the  capillaries  as 
measured  by  the  electric-  resistance  method  must 
first  be  corrected  to  yield  the  radii  of  equally  long 
capillaries  of  uniform  cross-sectional  areas  and  then 
be  corrected  again  for  substitution  in  the  equation 
for  the  resistance  to  viscous  flow. 

In  estimating  the  magnitudes  of  these  corrections, 
the  data  given  in  tables  8  and  9  are  used  for  describ¬ 
ing  the  actual  shapes  of  the  capillaries.  Various 
investigations  of  the  effects  of  conicality  and  ellip- 
ticity  of  bore  upon  viscosity  measurements  have  been 
made,  but  the  above  data  on  these  tubes  show  that 
they  cannot  be  considered  conical.  Their  cross 
sections  are  irregular  and  resemble  an  ellipse  in  only 
a  few  places.  The  tubes  are  therefore  treated  as 
circular  in  section  but  with  the  area  of  section  vary¬ 
ing  along  the  tubes.  The  mean  of  the  diameters 
measured  in  the  four  radial  directions  at  a  particular 
point  is  taken  as  the  diameter  of  the  assumed  circular 
section  at  that  point.  The  mean  diameters  at  the 
points  measured  along  capillaries  2.5  and  1.4  are 
given  in  tables  12  and  13.  The  areas  of  section  S' 
calculated  for  each  measured  point  are  also  given  in 
these  tables.  Since  only  arbitrary  units  are  used,  S 
is  taken  equal  to  d2  and,  for  the  present  purpose,  can  be 
assumed  to  be  known  exactly.  Part  of  the  data 
given  in  these  two  tables  also  apply  to  capillaries 
2.5a  and  1.4a,  as  they  were  cut  from  the  longer 
capillaries  2.5  and  1.4. 

Figure  6  shows  values  of  S  plotted  against  position 
along  the  tube  for  each  of  the  four  capillaries. 


These  areas  are  represented  by  the  plotted  points, 
and  the  mean  cross  section  for  each  capillary  is 
shown  by  a  horizontal  dashed  line. 

Table  12.  Variations  in  cross-sectional  area  along  capillary 
2.5,  arbitrary  units 


Position  along 
tube 

Mean  diameter 

Area  of  cross 
section 

cm 

i 

1123.  75 

126  281 

5 

1123.  25 

126  169 

10 

1124.  75 

126  506 

15 

1127.  25 

127  069 

20 

1125.  75 

126  731 

25 

1125.  00 

126  563 

30 

1125.00 

126  563 

35 

1124.  25 

126  394 

40 

1127.  75 

127  182 

45 

1127.00 

127  013 

49 

1123.50 

126  225 

Table  13.  Variations  in  cross-sectional  area  along  capillary 
1.4,  arbitrary  units 


Position  along 
tube 

Mean  diameter 

Area  of  cross 
section 

cm 

1 

801.  5 

794  77 

5 

892.3 

796  20 

10 

891.8 

795  31 

15 

892.5 

796  56 

20 

891.  5 

794  77 

25 

894.0 

799  24 

30 

891. 5 

794  77 

35 

892.8 

797  09 

40 

891.8 

795  31 

44 

889.0 

790  32 

1270 


1265 


1260 
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Figure  6.  Cross-sectional  area  of  bore  at  regular  positions 
along  the  capillaries. 
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For  one  method  of  calculating  the  effects  of  such 
variations  on  the  electric  and  viscous  resistance 
offered  by  a  capillary,  the  bore  is  assumed  to  be  made 
up  of  a  series  of  right  circular  cylinders,  each  having 
a  cross-sectional  area  equal  to  the  value  of  the  corre¬ 
sponding  plotted  points  and  a  length  equal  to  the 
distance  between  the  points.  The  area  of  section  is 
then  assumed  to  vary  along  the  tube,  as  indicated  by 
the  stepped  curve.  Suppose  the  capillary  of  length  l 
be  divided  into  n  such  intervals  of  equal  length  lt. 
Let  S  be  the  cross-sectional  area  in  any  interval  and 
Sm  be  the  mean  cross-sectional  area  for  the  whole 
tube,  as  calculated  by  the  relation  Sm=(l/n)'2S. 
Then  the  resistance  to  the  flow  of  electricity  through 
the  variable  cross  section  is  proportional  to  2  (/*/&), 
and  the  electric  resistance  offered  by  a  tube  of  the 
same  length  but  having  a  uniform  cross-sectional 
area  Sm  is  proportional  to  l/Sm.  From  these  rela¬ 
tions  the  percentage  increase  in  the  resistance  to  the 
flow  of  electricity  of  the  nonuniform  tube  over  the 
uniform  one  is  given  by 

W^XIOO.  (26) 


For  the  laminar  flow  of  liquids  through  the  tubes, 
the  viscous  resistance  is  proportional  to  2  (li/S2)  for 
the  nonuniform  case  and  to  l/S%,  for  a  uniform  tube. 
In  this  case  the  percentage  increase  in  the  viscous 
resistance  is  given  by 

100.  (27) 


As  an  example,  this  method  is  applied  to  the  data 
on  capillary  2.5  in  the  following  way.  The  value  of 
S  calculated  from  the  readings  taken  at  the  5-cm 
position  is  assumed  to  be  the  mean  for  the  5-cm  in¬ 
terval  from  2.5  to  7.5  cm.  As  shown  by  the  stepped 
curve  in  figure  6,  this  is  repeated  for  each  position, 
giving  nine  5-cm  intervals  covering  the  length  from 
2.5  to  47.5  cm.  The  two  2. 5-cm  lengths  at  each  end 
of  the  tube  are  combined  to  give  a  tenth  5-cm  interval 
with  a  value  of  S  equal  to  the  mean  of  the  areas  at 
1  cm  and  49  cm.  These  data  are  then  substituted 
in  eq.  26  and  27  to  give  the  desired  corrections. 


Similar  procedures  were  followed  with  the  other 
three  capillaries,  and  the  results  obtained  with  all 
four  are  given  in  table  14.  The  signs  are  applied  as 
follows:  The  signs  are  such  as  to  correct  the  square 
of  the  radius  as  measured  by  the  electric  resistance 
method  to  yield  the  square  of  the  radius  of  a  uniform 
tube.  The  signs  of  the  correction  for  viscous  resist¬ 
ance  are  such  as  to  correct  the  radius,  calculated  on 
the  basis  of  a  uniform  bore,  appropriately  for  sub¬ 
stitution  in  the  equations  for  viscous  flow.  It 
should  be  noted  that  the  corrections  given  in  the 
table  are  applied  to  the  radius  squared  in  the  electric 
resistance  measurements,  whereas  those  for  correct¬ 
ing  the  viscous  resistance  are  applied  to  the  fourth 
power  of  the  radius. 


Table  14.  Corrections  to  electric  and  viscous  resistance 
measurements  as  a  result  of  nonuniformity  of  bore 


Capillary 

Corrections  in  parts  per 
million 

Electric 

resistance 

Viscous 

resistance 

2.5 _ _ _ 

+6 

-21 

2.5a _ 

+6 

-23 

1.4 _ 

+5 

-19 

1.4a _ _ _  _ 

+1 

-3 

It  is  seen  in  figure  6  that  capillaries  2.5,  2.5a,  and 
1.4  show  roughly  harmonic  variations  in  S.  Assum¬ 
ing  this  type  of  variation,  integration  under  these 
curves  yields  essentially  the  same  corrections  as  those 
given  in  table  14. 

As  a  third  method  of  describing  the  variations  in 
area  of  section,  straight  lines  are  drawn  between  the 
plotted  points,  and  the  integration  is  performed  under 
these  irregular  curves.  As  would  be  expected,  this 
method  usually  leads  to  somewhat  smaller  correc¬ 
tions  than  those  obtained  by  the  other  two  treatments. 

The  only  case  where  these  corrections  are  of  any 
significance  is  the  correction  for  viscous  resistance  in 
capillary  2.5.  This  correction  was  applied  by  using 
the  value  given  in  the  table. 

A  summary  of  the  measurements  of  the  dimensions 
of  the  four  capillaries  is  given  in  table  15.  The  values 


Table  15.  Final  dimensions  of  the  capillaries 


Capillary 

"Length 

Method 

On  the  basis  of  a  uniform  bore 

Effective  for  viscous  flow 

Radius  2 

Radius  4 

Radius  4 

Radius 

2.5 

cm 

48.  73G 

fGravimetric . . . . . . 

cm  1 

6. 3315X10-4 

6. 3315 

cm  4 

cm  4 

cm 

\Electrie _ _ _ _ _ _ _ _ 

Mean  _ . __ . .  .  _  .  ...  . _ 

6. 3315 

4.  0088  X10-7 

4. 0087X10-’ 

2.  5162X10-2 

2.  5a 

24. 316 

fGravimetric.. _ _ _ _ _ 

6. 3309 

6. 3303 

\Electric . . . . . . . 

Mean..  . .  ...  . . 

6. 3306 

4.0076 

4. 0076 

2.5161 

1.4 

45. 208 

fGravimetric . . . .  .  _  . . . 

4. 0305 

4. 0303 

\Electric— . . . . . . . . . . 

Mean . .  .  . . .  __  . . 

4. 0304 

1.  6244 

1.6244 

2. 0076 

1.4a 

22.  525 

fGravimetric _ ...  . . .  ..  . . 

4. 0348 

4. 0347 

\Electric . . . . . . 

Mean .  ...  _ 

4.  0347 

1. 6279 

1. 6279 

2.0087 
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of  the  radius  squared,  as  obtained  by  the  two  in¬ 
dependent  methods,  were  weighted  equally,  and  the 
mean  value  was  used  for  each  capillary.  It  is  seen 
that  in  each  case  the  agreement  between  the  two 
methods  is  very  good.  The  maximum  discrepancy 
occurred  with  capillary  2.5a  and  is  only  about  1  part 
in  10,000. 

5.  Viscosity  Determinations 

The  viscometer  was  assembled  and  filled  for  the 
first  series  of  tests  at  20°  C  in  the  fall  of  1940.  The 
measurements  made  with  this  filling  were  designated 
as  series  I.  In  this  series  several  independent  obser¬ 
vations  of  the  pressure  drop  through  the  capillary 
were  made  at  each  of  four  rates  of  flow.  Each 
measurement  of  the  pressure  drop  corresponding  to 
a  particular  rate  of  flow  was  assigned  a  run  number 
in  the  order  in  which  it  was  obtained  within  the 
series.  In  general,  check  runs  at  a  given  rate  of 
flow  were  separated  by  measurements  made  at  other 
rates  of  flow  in  order  that  the  observations  in  a  given 
run  be  as  independent  as  possible  of  the  influence  of 
a  preceding  run.  A  similar  procedure  was  followed 
each  time  the  viscometer  was  filled,  and  a  new  roman 
series  number  was  assigned  to  identify  the  particular 
filling.  Between  fillings  the  viscometer  and  manom¬ 
eter  were  disassembled  and  thoroughly  cleaned. 

The  series  I  tests  were  used  primarily  for  develop¬ 
ing  operating  techniques  and  acquiring  experience 
with  the  apparatus.  The  results  of  this  series  are 
therefore  not  considered  as  reliable  as  those  of  the 
succeeding  11  flow  series  and  are  not  included  in  the 
final  calculations.  As  a  consequence  of  these  pre¬ 
liminary  flow  tests,  the  experimental  procedure  that 
finally  evolved  is  as  follows: 

After  assembling  the  viscometer  and  manometer 
some  mercury  is  injected  into  the  entrance  chamber 
of  the  viscometer  and  both  arms  of  the  manometer. 
Freshly  distilled  water  from  a  laboratory  still  is 
introduced  into  the  system  through  the  open  tube 
at  the  top  of  the  overflow  reservoir  until  the  desired 
level  is  reached.  Trapped  air  is  removed  by  working 
the  main  injector  back  and  forth  through  its  stroke. 
The  air  trapped  in  the  top  of  the  short  arm  is  forced 
out  through  the  bleed  tube  (shown  in  fig.  1)  by  a 
forward  stroke  of  the  injector.  After  all  of  the  air 
is  removed  and  the  tube  is  filled  with  water,  the 
gas-tight  valve  at  the  top  end  of  the  tube  is  shut  off. 

All  of  the  baths  are  adjusted  to  their  proper  tem¬ 
peratures,  and  mercury  is  introduced  into  the  short 
arm  of  the  manometer  until  the  proper  height  is 
indicated  by  the  fixed  electric  contactor.  The 
longest  of  the  gage  rods,  number  50,  is  then  fixed  in 
the  depth-gage  head,  inserted  in  the  long  arm  of  the 
manometer,  and  the  gage  head  is  clamped  in  posi¬ 
tion.  The  gage  head  is  set  at  its  expected  reading 
for  the  “manometer  zero”,  and  mercury  is  injected 
into  the  long  arm  until  proper  contact  is  made  with 
the  tip  of  the  rod.  The  two  arms  of  the  manometer 
are  now  opened  to  each  other.  Any  change  in  the 
height  of  mercury  in  the  long  arm  with  time  is 
observed,  and  mercury  is  added  or  withdrawn  in 
sufficient  quantity  so  that  when  the  final  equilibrium 
position  is  established,  the  mercury  in  the  short  arm 


makes  proper  contact  with  the  fixed  contactor,  and 
the  level  in  the  long  arm  is  at  the  same  height.  In 
judging  when  this  equilibrium  position  is  reached, 
due  consideration  is  given  to  the  time  constant  for 
the  particular  capillary  being  used.  These  adjust¬ 
ments  and  readings  of  course  are  made  when  there 
is  no  flow  of  mercury  from  the  main  injector  into  the 
entrance  chamber  of  the  viscometer.  The  head  read¬ 
ing  of  the  micrometer  for  this  final  equilibrium 
condition  is  referred  to  as  the  “manometer  zero” 
and  is  designated  by  M0. 

Manometer  heights  under  flow  conditions  are 
measured  in  a  similar  manner.  The  change  gears  in 
the  main  injector  drive  are  selected  to  give  the  de¬ 
sired  rate  of  flow,  and  the  mercury  in  the  long  arm  of 
the  manometer  is  preset  at  an  expected  height,  using 
the  gage  rod  of  proper  length.  The  injection  of 
mercury  into  the  entrance  chamber  of  the  viscometer 
is  started,  and  the  two  arms  of  the  manometer  are 
then  opened  to  each  other.  As  in  determining  the 
manometer  zero,  mercury  is  added  or  withdrawn 
until  the  quantity  of  mercury  in  the  manometer  is 
such  that  the  mercury  level  is  at  the  contactor  in 
the  short  arm  when  the  equilibrium  pressure  cor¬ 
responding  to  the  particular  rate  of  flow  through 
the  capillary  is  reached.  It  is  often  the  case  that 
this  condition  is  not  realized  during  a  single  stroke 
of  the  injector.  In  these  cases  the  long  arm  of  the 
manometer  is  shut  off  before  stopping  the  main 
injector.  With  the  manometer  still  closed  the  stroke 
of  the  injector  is  then  reversed.  After  the  forward 
stroke  of  the  injector  is  started  a  second  time,  the 
manometer  is  again  opened.  In  this  manner  the 
stroke  of  the  injector  is  repeated  as  many  times  as 
are  necessary  to  establish  equilibrium.  The  reading 
of  the  micrometer  head  for  this  equilibrium  condition 
is  designated  by  MQ.  This  process  comprises  a  run, 
and  a  run  number  is  assigned.  Usually  two  or  three 
such  runs,  together  with  a  repeat  observation  of  the 
manometer  zero,  can  be  completed  in  a  working 
day.  In  this  manner  all  of  the  flow  data  on  a  single 
filling  of  the  viscometer  may  be  obtained  in  about 
2  weeks. 

There  is  no  known  reason  for  measurable  varia¬ 
tions  in  readings  of  the  manometer  zero  made  with 
the  same  filling  of  the  viscometer,  and  any  observed 
differences  in  its  value  are  attributed  to  experimental 
error.  Consequently,  at  the  completion  of  a  series 
of  flow  tests  all  of  the  observations  of  M0  are  averaged 
and  the  mean  value  is  used  in  calculating  the  pres¬ 
sure  drop  for  each  run.  However,  the  value  of  M0 
will  differ  between  different  fillings  of  the  viscometer 
as  a  result  of  the  dismantling  and  reassembty  of  the 
short  arm  for  cleaning  purposes. 

When  measureme&ts  are^  being  made  a  second 
operator  keeps  a  continuous  check  on  the  temper¬ 
ature  of  the  viscometer  bath  and  records  the  ther¬ 
mometer  readings  every  5  minutes.  Occasional 
readings  of  the  temperatures  of  the  other  baths  are 
taken,  to  be  assured  that  they  are  operating  properly. 
From  these  records  the  mean  temperature  in  the 
viscometer  bath  is  judged  for  each  period  during 
which  a  run  is  being  made. 
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In  general,  this  procedure  was  followed,  beginning 
with  series  II,  except  for  the  following  changes: 

(a) .  In  series  II,  readings  of  the  manometer 
depth  gage  were  recorded  to  0.0001  in.  In  view  of 
the  general  sensitivity  encountered  with  the  depth 
gage,  together  with  other  considerations,  the  read¬ 
ings  in  series  III  and  the  subsequent  series  were 
recorded  only  to  the  nearest  0.0005  in. 

(b) .  As  mentioned  previously,  beginning  with 
series  IV,  a  centering  disk  was  used  with  the  depth- 
gage  rods  for  restricting  the  possible  region  of  con¬ 
tact  of  the  tips  to  a  central  area  of  the  mercury 
meniscus. 

(c) .  During  all  of  the  experiments  intermittent 
electric  contact  was  observed  between  the  gage  rods 
and  surfaces  in  the  manometer.  This  was  caused 
by  vibration  of  the  stirring  motor  and  pumps  asso¬ 
ciated  with  the  thermostating  of  the  viscometer  bath. 
During  the  first  six  series  the  manometer  readings 
were  taken  matching  the  fluctuations  in  the  readings 
of  the  microammeter  in  the  long-arm  circuit  with 
those  in  the  short  arm.  It  was  felt  that  in  this 
manner  the  effects  of  these  motions  in  the  mercury 
surfaces  would  be  minimized.  However,  beginning 
with  series  VII,  after  equilibrium  had  been  reached, 
as  shown  by  observations  made  in  the  above  manner, 
both  arms  of  the  manometer  were  shut  off,  and  the 
stirring  motor  and  other  sources  of  vibration  were 
stopped.  Readings  were  then  taken  with  the  mer¬ 
cury  surfaces  quiet.  The  two  methods  of  taking 
the  readings  usually  yielded  essentially  the  same 
calculated  height  of  the  mercury  column.  Never¬ 
theless,  in  a  few  instances  differences  as  great  as 
0.006  in.  were  found.  In  the  cases  where  any  dif¬ 
ferences  were  shown,  the  readings  taken  with  the 
quiet  surfaces  were  used. 

The  results  obtained  in  flow  series  II,  III,  and  IV 
with  capillary  2.5  are  given  in  table  16.  In  the 
first  column  the  arabic  number  accompanying  the 
series  number  indicates  the  end  of  the  capillary 
that  was  mounted  as  the  lower,  or  entrance,  end  in 
the  viscometer.  The  rates  of  flow  Q  were  calculated 
from  the  calibrated  delivery  rate  of  the  main  injector, 
together  with  the  gear  ratios  of  the  particular  com¬ 
binations  of  change  gears  used.  The  identical  gear 
ratios  were  used  in  series  III  and  IV  as  were  used  in 


II,  the  differences  in  the  values  of  Q  being  a  conse¬ 
quence  of  the  different  delivery  rates  of  the  injector. 
The  injector  was  thermostated  at  35°  C  for  series  II, 
and  the  mean  delivery  rate  shown  in  table  1  was  used. 
For  series  III  and  IV  a  longer  stroke  of  the  injector 
piston  was  used  with  the  injector  thermostated  at 
30°  C,  and  the  rates  of  flow  were  calculated  from  the 
mean  rate  of  delivery  given  in  table  3.  In  the  third 
column  of  the  table,  values  of  the  Reynolds  number 
corresponding  to  each  rate  of  flow  are  given  to 
indicate  the  range  covered  in  the  experiments. 
The  values  given  for  P,  the  pressure  drop  through 
the  capillary,  are  in  each  case  the  mean  of  several 
runs  at  the  particular  rate  of  flow.  The  detailed 
calculations  of  the  values  of  P  are  given  in  appen¬ 
dix  D. 

Using  the  data  in  table  16,  the  values  given  for  the 
viscosity  were  calculated  by  means  of  eq  4.  This 
equation  is  equivalent  to 

-Q^apbQt  (28) 

in  which 

a=— \(l+nr)ri 
7 rr* 

and 

,  ml) 


Introducing  the  measured  dimensions  of  capillary  2.5 
and  the  known  density  of  water  at  20°  C,  and  taking 
the  value  of  n  as  0.57,  the  values  of  t?  were  obtained 
from  the  relation  . 

77=3.2292  X  10~9X®. 

Similarly,  the  values  of  m  for  the  capillary  were 
calculated  by  the  equation 

m  =  3.9635  X  10_6X  6. 

The  values  of  a  and  b  were  obtained  from  least- 
squares  solutions  of  the  straight  lines  represented  by 
eq  28.  In  these  solutions,  Q  was  assumed  to  be 
without  error,  and  the  corresponding  values  of  P/Q 
were  weighted  equally.  These  assumptions  seem 


Table  16.  Results  of  flow  tests  at  20°  C  with  capillary  2.5 


0 

Reynolds 

number 

P 

P/Q 

observed 

cm3/sec 

Dynes/cm 2 

0.  072232 

182 

0.  225581X10® 

3. 12301X10® 

. 128412 

324 

.  403177 

3. 13971 

.  192618 

486 

.  608355 

3. 15835 

.  256824 

648 

.  815885 

3. 17683 

.  072277 

182 

.  225762 

3. 12357 

.  128492 

324 

. 403487 

3. 14017 

.  192739 

486 

. 608767 

3. 15850 

.  256985 

648 

. 816622 

3.  17770 

.  072277 

182 

.  225775 

3.  12375 

.  128492 

324 

.  403718 

3. 14197 

.  192739 

486 

.  608808 

3. 15872 

.  256985 

648 

.  816800 

3. 17840 

Mean  values.. 

a 

b 

V 

m 

P/O, 

calculated 

Deviation 
from  line, 
observed — 
calculated 

|  3.10213X10® 

0.2913X10® 

Poise 

0. 010017 

1.  15 

f  3. 12317X10® 

1  3. 13954 

1  3.  15824 

l  3. 17694 

-160 
+  170 
+  110 
-110 

|  3. 10245 

.2923 

.010018 

,  1. 16 

f  3. 12358 

1  3. 14001 

\  3. 15879 

(  3. 17757 

-10 
+  160 
-290 
+130 

|  3. 10323 

.2919 

.010021 

1. 16 

f  3. 12433 

I  3. 14074 
)  3. 15949 

1  3. 17824 

-580 

+1230 

-770 

+160 

3. 10260 

0.  2918 

0.010019 

1. 16 

Series 

number- 

entrance 

end 


1 1-2 


III-2 


IV-1 
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justified  from  the  spread  of  the  pressure  data  shown 
in  tables  26  through  36  in  appendix  D,  which  indicate 
that  the  probable  accuracy  of  P/Q  is  essentially 
independent  of  pressure.  Furthermore,  the  results 
of  the  repeat  calibrations  of  the  injector  suggest 
that  Q  was  always  known  better  than  the  corre¬ 
sponding  equilibrium  pressure,  and  hence  Q  was  taken 
as  without  error. 

The  calculated  values  of  P/Q  given  in  table  16 
were  obtained  by  using  eq  28  and  substituting  the 
values  of  a  and  b  as  given  for  each  series.  The 
deviations  of  the  observed  points  from  the  calculated 
straight  lines  are  also  given  and  serve  to  indicate  the 
constancy  of  m  and  n  over  the  rates  of  flow  covered. 

With  series  II  and  III  the  observed  values  of  P/Q 
are  all  within  0.01  percent  of  the  calculated  line. 
Differences  of  these  magnitudes  are  attributable  to 
experimental  error,  and  m  and  n  are  demonstrated  to 
be  constant  within  the  accuracy  of  the  measure¬ 
ments.  The  relatively  larger  deviations  shown  for 
series  IV  are  not  explained,  there  being  no  known 
reason  for  questioning  any  of  these  data. 

The  spread  in  the  values  of  a  and  b  between  the 
three  series  was  taken  to  be  experimental  error,  and 
therefore  the  values  of  y  and  m  calculated  from  the 
mean  values  of  a  and  b  are  believed  best  to  represent 
the  results  of  the  flow  measurements  with  this 
capillary  alone. 


Similar  treatments  of  the  flow  data  for  the  other 
three  capillaries  are  given  in  tables  17,  18,  and  19. 
With  these  capillaries  also  there  is  no  evidence  that 
m  and  n  are  not  constant,  the  data  being  well  repre¬ 
sented  by  straight  lines  in  agreement  with  eq  28. 
With  these  capillaries  also  the  flow  data  are  believed 
to  be  represented  best  by  using  the  mean  values  of  a 
and  b  as  given  in  the  tables. 

The  calculation  of  the  viscosity  by  using  the  flow 
data  with  each  capillary  as  an  independent  determi¬ 
nation,  as  is  done  in  tables  16  through  19,  may  be 
in  error  as  a  result  of  the  uqcertainty  in  the  choice  of  a 
value  for  the  constant  n.  However,  as  was  outlined 
previously,  the  effect  of  an  uncertainty  in  the  value 
of  n  may  be  rendered  negligible  by  simultaneous 
treatment  of  the  flow  measurements  with  each  pair 
of  capillaries.  Taking  capillaries  2.5  and  2.5a  as  one 
pair  and  1.4  and  1.4a  as  another,  the  capillaries  in 
each  pair  have  very  nearly  the  same  radii  but  differ¬ 
ent  lengths.  The  dimensions  and  flow  data  for 
each  pair  can  then  be  substituted  in  eq  9  and  the 
viscosity  calculated  without  assuming  a  value  for  n. 
However,  in  making  the  actual  calculations  eq  9  was 
transformed  somewhat. 

If  the  least-squares  line,  based  on  the  mean  values 
of  a  and  b,  best  represents  the  flow  data  for  a  par¬ 
ticular  capillary,  that  is  equivalent  to  saying  that 
the  calculated  value  of  P/Q  at  a  particular  value  of 


Table  17.  Results  of  flow  tests  at  20°  C  with  capillary  2.5a 


a 

b 

V 

m 

j  1.54783X10  6 

0.  2957X10  8 

Poise 

0.010012 

1. 17 

j  1. 54822 

.2938 

.010015 

1.16 

j  1. 54749 

.2970 

.  010010 

1.18 

1.  54785 

.2955 

.010012 

1.17 

Series 

number- 

entrance 

end 


Q 

Reynolds 

number 

P 

P/Q,  observed 

cm3/sec 

Dynes/cm 3 

0. 096376 

243 

0. 151899X10  6 

1.57611X10  6 

. 128502 

324 

.  203807 

1.  58602 

.  192753 

486 

.  309368 

1.60500 

.257004 

648 

.  417293 

1.62368 

.096376 

243 

.  151927 

1.  57640 

. 128502 

324 

.  203825 

1.58616 

. 192753 

486 

.  309333 

1.  60482 

.257004 

648 

.  417303 

1.  62372 

. 096376 

243 

.  151915 

1.  57627 

. 128502 

324 

.  203741 

1.  58551 

. 192753 

486 

.  309305 

1.60467 

.257004 

648 

.  417349 

1.  62390 

Mean  values.. 

Q,  calculated 

Deviation 
from  line, 
observed- 
calculated 

.57633X10  6 

-220 

.58583 

+  190 

.60483 

+170 

.62382 

-140 

.57654 

-140 

.58597 

+190 

.60485 

-30 

. 52373 

-10 

.57611 

+160 

.  58566 

-150 

.60474 

-70 

.62382 

+80 

VII-1 


IX-3 


X-l 


Table  18.  Results  of  flow  tests  at  20°  C  with  capillary  1.4 

, 


Series 
number — 
entrance 
end 

Q 

Reynolds 
number , 

P 

P/Q,  observed 

cm3lsec 

Dynes/cm 2 

(  0.033674 

106 

0.  239859X106 

7.12297X106 

V-5 

I  . 072282 

228 

.516662 

7. 14786 

|  . 096376 

305 

. 690667 

7. 16636 

l  . 128502 

406 

. 923673 

7. 18800 

f  033674 

106 

.239831 

7. 12214 

VI-4 

I  . 072282 

228 

. 516787 

7. 14959 

|  . 096376 

305 

.690695 

7. 16665 

l  .128502 

406 

. 923732 

7. 18846 

f  .033674 

106 

. 239866 

7. 12318 

VIJ.I-4 

I  . 072282 

228 

.516874 

7. 15080 

1  . 096376 

305 

. 690736 

7. 16708 

l  .128502 

406 

.923917 

7. 18990 

Mean  values... 

a 

b 

V 

m 

P/Q,  calculated 

Deviation 
from  line, 
observed- 
calculated 

|  7.09913X108 

0. 6911X106 

Poise 

0. 010015 

l.n 

|  7. 12240X10« 

1  7. 14908 

]  7. 16574 

1  7. 18794 

+570 

-1220 

+620 

+60 

|  7. 09874 

.7009 

.010014 

1.13 

|  7. 12234 

1  7. 14940 

1  7. 16629 

l  7. 18881 

-200 

+190 

+360 

-340 

|  7. 09965 

.7023 

.  010015 

1.13 

f  7. 12330 

I  7. 15041 
i  7. 16733 
l  7.J8990 

-120 

+390 

-250 

0 

7.09917 

.6981 

.010015 

1. 12 
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Table  19.  Results  of  flow  tests  at  20°  C  with  capillary  l.J+a 


Q 

Reynolds 

number 

P 

P/Q,  observed 

a 

b 

V 

m 

P/Q,  calculated 

Deviation 
from  line, 
observed- 
calculated 

cm3/sec 

0. 033674 
. 072282 
.  096376 
.  128602 

106 

228 

305 

406 

Dynes/cm 2 
0.119681X10  8 
. 258981 
.  346951 
.  465395 

3.  55411X10  6 
i  58292 

3. 59966 

3.  62169 

|  3.53065X10  6 

0.7136X10  6 

Poise 

0. 010015 

1.15 

(  3.55468X10  6 

1  3. 58223 

I  3. 59942 

1  3. 62235 

-570 

+690 

+540 

-660 

.  033674 
.  072282 
.  096376 
.  128502 

106 

228 

305 

406 

.  119687 
.  258938 
.  346882 
.  465379 

3.  55429 

3. 58233 

3. 59925 

3. 62157 

|  3. 53066 

.7096 

.010015 

1.14 

• 

(  3. 55456 

1  3. 58195 

1  3. 59905 

l  3. 62185 

-270 

+380 

+200 

-280 

Mean  values.... 

3. 53066 

.7116 

.010015 

1.15 

Series 
number — 
entrance 
end 


XI-4 


XII-4 


Q  is  better  than  ail  observed  value.  Hence,  the 
best  values  of  the  pressure  drops  through  the  capil¬ 
laries  for  substitution  in  eq  9  will  be  those  obtained 
from  the  calculated  values  of  P/Q.  To  illustrate  this 
treatment,  any  particular  value  of  Q  may  be  chosen 
that  is  within  the  rates  of  flow  common  to  the  data 
on  both  capillaries  in  the  pair.  The  values  of  a  and 
b  appropriate  to  the  longer  capillary  are  substituted 
in  eq  28,  and  the  value  of  P/Q  is  calculated  for  the 
particular  rate  of  flow  chosen.  Multiplying  this 
value  of  P/Q  by  Q  gives  the  value  of  Px,  the  pressure 
drop  through  the  capillary.  In  a  similar  manner 
the  value  of  P2  is  calculated  for  the  shorter  capillary 
at  the  same  rate  of  flow.  These  values  of  the  pres¬ 
sure  drops  corresponding  to  the  rate  of  flow  Q  in  each 
capillary  are  then  substituted  in  eq  9,  together  with 
the  capillary  dimensions  and  the  mean  values  of  m 
as  determined  for  the  two  capillaries.  The  identical 
results  are  obtained  more  simply,  however,  by  a 
calculation  using  the  intercepts  for  the  two  capil¬ 
laries. 

In  a  manner  similar  to  that  in  which  eq  8  and  9 
were  derived,  it  may  be  shown  that 


_tt  T  axr\—a2r\  ~[ 
V~ 8  L(A  —  U)Jrinxrx  — n2r2)J 


(29) 


in  which  ax  is  the  intercept  in  eq  28  for  the  longer 
capillary,  and  a2  is  the  intercept  for  the  shorter. 
As  before,  if  rx  and  r2  do  not  differ  greatly,  the  quan¬ 
tity  (nxrx  — n2r2)  may  be  neglected. 

The  values  of  the  measured  quantities  in  eq  29  are 
given  in  table  20  for  each  of  the  four  capillaries.'  The 
intercepts  used  are  the  mean  values  for  each  capil¬ 
lary,  as  given  in  tables  16  through  19.  The  values 
of  the  viscosity  as  calculated  from  the  data  for  the 
pairs  2.5  and  2.5a,  and  1.4  and  1.4a  are  given  in 
table  21.  These  two  calculations  result  in  values 
that  cover  about  the  same  range  as  the  spread  of 
values  obtained  in  the  previous  calculations,  using 
each  capillary  individually.  For  these  two  pairs  it 
is  evident  that  the-  quantity  (nxrx  — n2r2)  may  be 
neglected. 

In  addition,  calculations  were  made  pairing  capil¬ 
lary  2.5  with  1.4a  and  1.4  with  2.5a.  These  results 
are  also  given  in  table  21.  The  value  of  0.57  was 
used  for  both  vx  and  n2.  The  magnitude  of  the 
quantity  (nxrx— n2r2)  is  small  in  comparison  with 


Table  20.  Quantities  used  in  the  calculation  of  the  viscosity, 
by  means  of  equation  29 


Capillary 

a 

ar4 

l 

0.57r 

- 

cm 

cm 

2.  5 

3. 10260X10* 

1.24374 

48.  736 

0.014 

2  5a 

1.  54785 

0.  62032 

24.  316 

.014 

1.4 

7.  09917 

1. 15319 

45.208 

.011 

1.4a 

3.  53066 

0.  57476 

22.525 

.011 

Table  21.  Values  of  the  viscosity  y,  calculated  from  the  data 
for  pairs  of  capillaries 


Pair 

r]  at  20°  C 

t,  at  20°  C 
mean 
values 

h-h 

n\T\—niri 

2.5  and  2.5a_  _ _ 

1.4  and  1.4a . . 

Poise 

0. 010022 
. 010014 

Poise 
}  0.010018 

cm 

j  24.420 
\  22.683 

cm 

0.000 

.000 

2.5  and  1.4a . 

1.4  and  2.5a _ 

.  010022 
.010018 

}  .010020 

f  26.211 
\  20.892 

+.003 

-.003 

(lx  —  l2)  in  each  case,  and  therefore  the  calculations 
are  not  seriously  affected  by  uncertainties  in  nx  and 
n2.  The  agreement  between  the  values  of  the  vis¬ 
cosity  as  calculated  through  the  use  of  these  four 
pairs  indicates  an  over-all  consistency  in  the  data. 

6.  Discussion  of  Results 

6.1.  General 

In' work  of  this  nature,  where  the  result  is  de¬ 
pendent  upon  so  many  individual  factors,  it  is 
difficult  to  evaluate  the  final  result  in  terms  of  the 
estimated  accuracy  of  each  factor.  It  is  believed  that 
the  error  in  each  contributing  measurement  was 
reduced  to  1  part  in  10,000,  or  better,  except  perhaps 
in  the  measurement  of  the  equilibrium  pressures  less 
than  10  in.  of  mercury.  As  the  calculation  of  the 
viscosity  involves  the  extrapolation  of  the  observed 
data,  however,  the  final  result  would  not  necessarily 
be  this  accurate. 

The  calculation  of  the  viscosity  by  means  of  eq  29 
probably  represents  the  most  reliable  treatment  of 
the  data,  because  uncertainties  in  the  magnitude  of 
the  constant  n  are  minimized.  The  values  given  in 
table  21  for  the  results  with  the  capillary  pairs 
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2. 5 +2. 5a  and  1.4  + 1.4a  are  completely  independent 
of  the  magnitude  of  n.  The  calculations  for  the  pairs 
2.5  + 1.4a  and  1.4 +  2. 5a,  however,  are  given  equal 
weight,  because  the  introduction  of  any  reasonable 
value  for  n  will  not  affect  the  mean  of  these  two  by 
as  much  as  1  part  in  10,000.  The  mean  of  the  four 
values  given  in  table  21  is 

0.010019  +  0.000002, 

where  the  deviation  given  is  the  standard  deviation 
of  the  mean. 

The  values  of  the  viscosity  calculated  by  eq  28, 
obtained  by  treating  the  data  for  each  capillary 
individually,  and  given  in  tables  16  through  19,  show 
a  spread  from  0.010012  to  0.010019  poise,  with  a 
mean  value  of  0.010015.  This  would  indicate  that 
0.57  is  too  high  for  the  value  of  n.  By  taking  these 
same  data  and  assuming  n  =  0  for  all  four  capillaries, 
the  following  values  result: 


Capillary 

V 

2.5  _ ■___ 

0.  010022 
.  010018 
.  010017 
.  010020 

2.5a  _  __  _  _  _  _  _ 

1.4  .  _  _ 

1.4a _ 

The  mean  of  these  values  is  0.010019,  which  is  the 
same  as  was  obtained  in  the  calculations  with  the 
capillaries  in  pairs.  Although  the  assumption  that 
n  =  0  results  in  better  over-all  agreement  in  the  cal¬ 
culated  values  of  the  viscosity,  the  measurements  are 
so  insensitive  for  the  evaluation  of  n,  that  no  accurate 
conclusions  may  be  reached  as  to  its  magnitude.  It 
is  pertinent,  however,  to  note  that  the  results  of  the 
calculations  with  eq  29  given  in  table  21  are  not 
significantly  changed  by  taking  n  —  0.  For  n  =  0  the 
value  of  the  viscosity  calculated  by  using  capillaries 
2.5  and  1.4a  is  increased  to  0.010023  poise,  and  the 
value  derived  from  the  pair  1.4 +  2. 5a  is  reduced  to 
0.010017.  Thus  the  mean  value,  remains  the  same, 
but  the  standard  deviation  of  the  mean  is  increased 
to  ±0.000003.  In  consideration  of  this  uncertainty 
in  the  value  of  n,  the  best  result  obtained  from  the 
data  is 

1720=0.010019  ±0.000003. 

No  attempt  is  made  to  assign  an  accurate  value  to 
the  constant  m  on  the  basis  of  this  work,  as  the 
values  of  the  slope  b  given  in  tables  16  to  19  may  be 
appreciably  in  error  as  a  result  of  heating  effects  in 
the  capillaries.  The  incomplete  dissipation  of  the 
heat  generated  by  work  done  against  viscous  forces 
results  in  a  temperature  rise  in  the  flowing  liquid. 
The  possible  effects  of  such  temperature  rises  in  the 
capillaries  were  investigated  through  the  use  of  equa¬ 
tions  developed  by  Hersey  [15]  and  Hersey  and 
Zimmer  [16].  Their  equations  were  expected  to 
yield  either  too  high  or  too  low  an  effective  tempera¬ 
ture  rise,  depending  upon  what  extreme  conditions  of 


temperature  distribution  in  the  capillary  were  as¬ 
sumed.  Calculations  based  on  these  equatiohs  show 
that  for  any  of  the  conditions  covered  by  these  equa¬ 
tions,  the  values  of  the  intercepts  a,  as  given  in  tables 
16  to  19,  are  unchanged.  Hence,  for  the  purpose  of 
calculating  the  viscosity,  it  is  not  necessary  to 
attempt  to  evaluate  the  effects  of  heating  in  the 
capillaries. 

On  the  other  hand,  the  heating  effects  may  have  a 
marked  influence  upon  the  calculated  values  of  m. 
In  fact,  if  certain  assumptions  are  made  with  regard 
to  the  distribution  of  temperatures  in  the  capillaries, 
it  is  possible  to  account  for  the  differences  in  the  cal¬ 
culated  values  of  m  for  the  four  capillaries.  As  the 
real  distribution  of  temperatures  in  the  capillaries 
under  the  particular  flow  conditions  is  not  known, 
no  reliance  is  placed  upon  such  calculations. 

In  attempting  to  compare  the  value  obtained  here 
for  the  absolute  viscosity  of  water  at  20°  C  with  the 
results  of  other  observers,  it  is  found  that  all  of  the 
earlier  determinations  are  subject  to  criticism,  and 
therefore  no  good  agreement  is  to  be  expected.  The 
three  most  recent  careful  determinations  were  made 
by  Thorpe  and  Rodger  [17],  Hosking  [18],  and  Bing¬ 
ham  and  White  [19].  Their  results  at  20°  C  are 
given  in  table  22.  With  regard  to  these  results,  it 
should  be  pointed  out  that  none  of  these  investigators 
attempted  to  make  their  measurements  with  the  ac¬ 
curacy  of  the  present  work.  Furthermore,  with  the 
capillaries  that  they  were  able  to  obtain,  the  devia¬ 
tions  of  the  bores  from  right  circular  cylinders  were 
large  and  in  most  cases  not  accurately  known. 


Table  22.  Viscosity  of  water  at  20°  C  by  other  investigators 


Investigator 

^20 

m 

n 

Thorpe  and  Rodger  (1894).  - . -  -- 

Poise 

0. 010015 

1.00 

0 

Hosking  (1909) _  _ 

.  01005 

1. 158 

1.64 

Bingham  and  White  (1912) _ 

. 01005 

1.12 

0 

In  all  three  of  the  determinations  referred  to  in 
table  22  the  viscosity  was  calculated  from  the  ob¬ 
served  pressures  and  rates  of  flow  by  means  of  eq  2. 
It  is  seen  that  Thorpe  and  Rodger’s  value  is  in  best 
agreement  with  the  value  of  0.010019  obtained  here. 
Seemingly,  this  is  simply  fortuitous,  as  there  is  no 
evidence  that  their  determination  was  made  with 
greater  accuracy  than  the  other  two  given  in  the 
table.  They  made  no  determination  of  m  for  their 
capillary,  and  the  value  of  1.00,  which  they  used  on 
theoretical  grounds  (probably  not  sound)  is  lower 
than  most  experimentally  determined  values.  They 
were  not  convinced  of  the  existence  of  the  length  cor¬ 
rection  involving  the  constant  n,  and  hence  assumed 
that  n=0. 

In  Hosking’s  work  neither  the  value  of  m  nor  n 
may  be  regarded  as  determined.  He  evaluated  m 
for  both  directions  of  flow  through  each  of  four 
capillaries  and  obtained  results  varying  from  1.128 
to  1.216,  with  a  mean  of  1.158.  He  then  recalcu¬ 
lated  some  of  his  earlier  results  obtained  with  other 
capillaries,  taking  m— 1.158  and  ti=1.64  and  arrived 
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at  t]  20=0-01006  as  the  best  result  from  his  work. 
The  value  of  71=1.64  was  assumed,  as  with  this  cor¬ 
rection,  certain  of  his  data  were  more  self-consistent. 

Bingham  and  White  assumed  that  7tt  =  1.12  on  the 
basis  of  calculations  presented  in  a  series  of  papers 
by  Boussinesq  [20].  They  determined  the  value 
of  n  for  several  combinations  of  capillaries  and  con¬ 
cluded  that  its  best  value  was  zero.  This  value  was 
then  assumed  for  the  capillary  in  which  the  determi¬ 
nation  of  the  viscosity  of  water  was  made. 

In  view  of  the  uncertainties  in  all  three  of  these 
determinations  the  lack  of  agreement  with  the 
present  determination  is  not  significant. 

6.3.  Application  in  Practical  Viscometry 

One  aim  in  this  investigation  was  to  obtain  a  value 
for  the  absolute  viscosity  of  water  at  20°  C  that 
could  be  used  as  a  standard  in  practical  viscometry. 
Accordingly,  beginning  on  July  1,  1952,  the  National 
Bureau  of  Standards  is  planning  to  use  the  value 
of  0.01002  poise  for  the  absolute  viscosity  of  water 
at  20°  C  as  the  basis  for  the  calibration  of  viscometers 
and  standard  sample  oils.  It  is  recommended  that 
other  laboratories  adopt  this  value  as  the  primary 
reference  standard  for  comparative  measurements  of 
viscosity. 

In  evaluating  the  work  reported  here,  considera¬ 
tion  is  now  given  to  any  limitations  in  the  general 
applicability  of  the  results  obtained  under  the  par¬ 
ticular  conditions  of  these  experiments.  In  this 
connection,  various  factors  must  be  considered. 

(a)  Purity  of  the  water  with  respect  to  deuterium 
oxide.  At  20°  C,  D20  is  about  1.245  times  as  viscous 
as  H20  [21],  and  consequently  the  deuterium  content 
in  the  water  used  must  be  considered.  Fortunately, 
surveys  (for  example,  [22]  have  shown  that  the  varia¬ 
tion  in  the  isotopic  concentration  in  water  from  a 
variety  of  world-wide  sources  is  only  a  few  parts  per 
million.  This  variation  is  not  great  enough  to  affect 
the  viscosity  by  as  much  as  0.01  percent  [23]. 

(b)  Other  impurities.  Unpublished  results,  ob¬ 
tained  with  water  from  various  types  of  stills  at  the 
Bureau,  have  shown  that  a  simple  distillation,  such 
as  is  accomplished  by  a  commercial  laboratory  still, 
yields  water  of  sufficiently  uniform  composition. 

(c)  Change  of  viscosity  with  pressure.  Hardy  and 
Cottington  [21,  p.  575],  using  a  Master  Fenske  vis¬ 
cometer,  found  no  measurable  effect  of  pressure  in 
the  range,  1  to  3.4  atm. 

(d)  Change  of  viscosity  with  rate  of  shear.  The  fact 
that  the  data  presented  here  are  well  represented  by 
eq  28  may  be  considered  as  evidence  that  the  vis¬ 
cosity  does  not  vary  with  rate  of  shear  in  the  range 
covered  (5,000  to  20,000  reciprocal  seconds).  Further¬ 
more,  Griffiths  and  Vincent  [24]  could  detect  no  dif¬ 
ference  between  the  viscosity  of  water  measured  at 
a  rate  of  shear  of  0.013  reciprocal  second  and  that 
measured  at  5,000  to  10,000  reciprocal  seconds. 
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8.  Appendix  A.  Values  of  the  Various  Con¬ 
stants  and  Quantities  Used  in  the  Calcu¬ 
lations 

8.1.  Density  of  Mercury 


From  the  work  of  Beattie,  et  al.  [12],  and  using  the  relation 
1  ml=  1.000027  cm3, 

DHk,  o.c  =  13.59546  g/ml,  or  13.59509  g/cm3. 


Also, 


DHg,  20.0=13.54589  g/cm3. 


The  values  of  /3  for  use  in  eq  20  were  calculated  from 
Beattie’s  results  and  found  to  be  as  follows  in  the  ranges  in 
which  they  were  used: 


Temperature  range 

P 

°  C 

19  through  24  _  _  _ 

180.9X10-6 

181.0 

25  through  32  _  _  _ 

8.2.  Resistivity  of  Mercury 

From  the  ICT  value  of  9.40766X10-4  international 
ohm-mm,  and  converting,  using  the  relation  1  international 
ohm  =  1.000495  absolute  ohms, 

p0  =  9.41232X  10-4  absolute  ohm-mm. 

The  equation  of  Jaeger  and  von  Steinwehr  [25], 

p, = Po  ( 1  +  889 . 15X1 0-60  +  0.99360X1 0-«02) , 
is  used  to  calculate  the  resistivity  at  other  temperatures. 

8.3.  Density  of  Water 

The  density  of  water  at  20°  C,  used  in  the  calculation  of  the 
pressure  drop  through  a  capillary  from  the  height  of  mercury 
in  the  manometer,  was  calculated  from  the  properties  of 
water  as  given  by  Dorsey  [26].  He  gives  the  value  of 
0.9982336  g/ml,  or  0.998207  g/cm3  (1  ml  — 1.000027  cm3),  for 
the  density  of  air-free  water  at  20° C  and  a  pressure  of  1  atm. 
From  Dorsey’s  table  92,  the  corresponding  value  for  water 
saturated  with  air  is  0.998206  g/cm3. 

The  pressure  on  the  water,  and  therefore  its  density,  varies 
throughout  the  viscometer  and  manometer  system,  and  also 
varies  with  the  height  of  mercury  in  the  manometer.  In 
appendix  D  the  calculations  of  the  pressure  drops  were  made 
on  the  basis  of  a  mean  value  for  the  density  of  water.  This 
mean  was  calculated  on  the  basis  of  a  mean  pressure  of  1.25 
atm  on  the  water  in  the  apparatus.  The  density  at  this 
pressure  was  calculated  from  the  data  given  in  table  105  of 
Dorsey’s  book  and  found  to  be  0.99822  g/cm3. 

The  use  of  this  mean  value  of  the  density  instead  of  the 
actual  densities  for  each  condition  will  in  no  case  introduce 
an  error  greater  than  2  parts  per  million  in  the  calculation  of 
the  pressure  drop  through  the  capillary. 

8.4.  Acceleration  of  Gravity 

The  value  used  for  the  acceleration  of  gravity  is  980.080 
cm/sec2,  absolute  gravity,  Dryden  reduction.  This  value  is 
based  upon  accurate  measurements  [27]  made  on  the  same 
floor  of  the  building  in  which  the  work  was  done. 


9.  Appendix  B.  Calibration  of  the  Gage 
Rods  Used  With  the  Mercury  Manometer 

The  calibration  of  a  gage  rod  consists  in  the  determination 
of  the  interval  of  length  between  that  rod  and  the  longest 
gage  rod.  The  result  is  expressed  as  a  correction  to  the 
nominal  length  of  the  interval. 

The  rods  were  calibrated  with  Hoke  gage  blocks  in  a  room 
where  the  temperature  was  controlled  close  to  20°  C.  A 
shallow  glass  dish  about  10  cm  in  diameter  and  containing 
mercury  was  placed  on  a  leveled  surface  plate.  A  stefel  plate 
with  a  %-in. -diameter  hole  was  supported  above  the  dish  on 
parallel  bars  which  rested  on  the  surface  plate.  Hoke  gage 
blocks,  wrung  together  in  suitable  combinations,  were  placed 
vertically  on  the  ground  surface  of  this  plate,  and  the  microm¬ 
eter  depth  gage  was  seated  on  top  of  the  gage  blocks.  The 
gage  rods  were  clamped  successively  in  the  depth  gage, 
passing  through  the  holes  in  the  gage  blocks  and  steel  plate 
to  make  contact  with  the  surface  of  mercury  in  the  dish. 
Contact  was  indicated  by  the  same  electric  circuit  as  that 
employed  in  the  manometer. 

In  this  way  the  intervals  between  the  longest  rod  and  each 
of  the  others  were  determined  on  various  occasions,  with  the 
results  as  given  in  table  23.  After  the  first  two  calibrations, 
only  the  rods  that  covered  the  particular  heights  used  in  the 
tests  were  further  calibrated. 

Table  23.  Calibration  of  gage  rods 

[The  values  given  are  corrections  to  the  nominal  lengths’of  the  intervals  in  ten 
thousandths  of  an  inch] 


Rod 

Nomi¬ 
nal  in¬ 
terval 

Date  of  calibration 

Jan. 

1940 

Mar. 

1941 

Dec. 

1941 

June 

1947 

Feb. 

1948 

Jan. 

1949 

Apr. 

1949 

Oct. 

1949 

in. 

50 

0 

0 

0 

0 

0 

0 

0 

0 

0 

47 

3 

+  183 

+177 

46 

4 

-i-103 

+98 

+94 

+59 

+135 

45 

5 

-34 

-41 

-44 

-75 

-78 

44 

6 

+42 

+35 

+28 

—  4 

+3 

+3 

43 

7 

+48 

+41 

+38 

+30 

+29 

+n 

+11 

42 

8 

+34 

+26 

+13 

+29 

+33 

+25 

41 

9 

+2 

-6 

-22 

-34 

-35 

40 

10 

+5 

-3 

+5 

+6 

-9 

-9 

-12 

39 

11 

-33 

-41 

-41 

-44 

-48 

-48 

-53 

38 

12 

+47 

+39 

+18 

+6 

+6 

37 

13 

-28 

-32 

-33 

-43 

-41 

-44 

-41 

-47 

3§ 

14 

0 

-9 

-12 

—6 

-8 

-17 

35 

15 

-36 

-45 

-43 

-48 

-60 

-57 

-61 

34 

16 

+21 

+  11 

—2 

—  4 

0 

33 

17 

+75 

4-68 

+67 

+48 

+41 

+42 

32 

18 

4-51 

4-44 

+16 

+8 

+  12 

31 

19 

-44 

-51 

-53 

-54 

-61 

-65 

-66 

30 

20 

+38 

+31 

+12 

+7 

+10 

29 

21 

+43 

4-35 

+25 

+  17 

+  19 

28 

22 

4-27 

+21 

+4 

+9 

+11 

27 

23 

-62 

-69 

-70 

-93 

-99 

-96 

26 

24 

-227 

-235 

-246 

-256 

-255 

25 

25 

-159 

-167 

-188 

-196 

-190 

24 

26 

-182 

-191 

-195 

-195 

-207 

-219 

-215 

23 

27 

-81 

-93 

-109 

-121 

-115 

22 

28 

+222 

+212 

+205 

+191 

+195 

21 

29 

-33 

-43 

-59 

—46 

The  rods  were  numbered  according  to  their  nominal  lengths 
in  inches.  The  second  column  gives  the  nominal  difference 
in  length  between  each  rod  and  rod  50, ‘which  was  the  one 
used  in  obtaining  the  manometer  zero.  Ihe  corrections 
given  for  each  rod  are  corrections  to  the  nominal  length  of 
the  corresponding  interval  in  inches.  In  all  of  the  cali¬ 
brations,  measurements  with  each  rod  were  repeated  at  least 
once,  and  the  corrections  entered  in  the  table  are  mean 
values.  Repeated  measurements  on  a  given  rod  showed 
agreement  within  0.0002  in.  in  almost  all  cases. 

It  was  not  possible  to  attribute  the  changes  in  the  lengths 
to  any  one  cause.  In  general,  the  changes  were  in  the 
direction  of  the  intervals  shortening  with  time,  but  the  mag¬ 
nitudes  of  the  changes  were  not  proportional  to  the  interval 
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lengths  and  therefore  were  not  explained  by  uniform  shrink¬ 
age  of  the  rods.  It  is  probable  that  growth  and  shrinkage 
of  the  rods,  together  with  possible  electrolytic  wear  of  the 
tips,  were  all  involved  in  varying  extents.  However,  these 
changes  were  followed  closely,  and  it  is  felt  that  the  corrections 
were  known  to  within  at  least  0.0004  in.  of  their  true  values 
at  all  times  when  flow  measurements  were  being  made. 


10.  Appendix  C.  Radii  by  the  Gravimetric 
Method.  Details  of  the  Weighings 

For  determining  the  mean  radii  of  the  capillaries  by  the 
gravimetric  method,  the  quantities  of  mercury  from  the 
fillings  of  the  capillaries  were  weighed  in  small  glass-stoppered 
bottles. 

In  the  weighings  concerned  with  capillaries  2.5  and  1.4a, 
three  bottles,  3,  6  and  25,  were  used.  Bottles  3  and  6  were 
used  in  the  weighing  of  the  mercury,  and  bottle  25  was 
weighed  each  time  as  a  blank.  The  weighing  procedure 
was  designed  to  determine  the  effects,  if  any,  of  possible 
variations  in  the  surface  condition  of  the  glass  upon  the 
constancy  of  weight  of  the  bottles.  The  three  bottles  were 
first  weighed  empty,  and  the  mercury  was  transferred  from 
the  capillary  to  bottle  3  and  weighed.  It  was  then  trans¬ 
ferred  to  bottle  6  and  weighed.  After  this,  the  mercury 
was  discarded,  and  bottle  6  was  weighed  again  empty. 
Before  each  weighing  the  bottles  were  held  in  steam  momen¬ 
tarily  to  condense  moisture  of  the  surface  so  as  to  dissipate 
any  electrostatic  charges.  The  bottle  caps  were  loosened 
and  replaced.  Then  the  bottles  were  placed  in  the  balance 
and  weighed  after  about  5  minutes. 

The  results  of  the  weighings  of  the  empty  bottles  are  given 
in  table  24.  The  weighings  show  small  erratic  changes,  and 


Table  24.  Mass  of  weighing  bottles,  empty 


Date 

Relative 

Bottle— 

humidity 

3 

6 

25 

1/17/50 

Percent 

18 

mg 

f  2199.037 

1  2199. 038 

mg 

2291. 281 

2291.  278 

mg 

2401. 135 
2401.134 

1/17/50 

17 

|  2199. 042 

2291. 283 

2291.  282 

2401. 135 

1/18/50 

31 

f  _ 

l  _ 

2291.290 
2291. 287 

2401. 147 

1/19/50 

18 

|  2199. 046 

2291.289 

2291.291 

2401.146 

1/20/50 

15 

/  2199. 049 

\  2199. 040 

2291.  294 
2291. 294 

2401. 151 

1/23/50 

38 

|  2199.059 

2291.  295 
2291. 302 

2401. 151 

1/24/50 

40 

|  2199. 062 

2291.  298 
2291. 302 

2401.156 

1/25/50 

48 

|  2199. 053 

2291.  299 
2291. 301 

2401. 153 

1/26/50 

44 

|  2199. 051 

2291.300 

2291.300 

2401. 156 

1/27/50 

27 

|  2199. 053 

2291.300 
2291. 299 

2401. 164 

1/27/50 

22 

|  2199. 058 

2291.297 

2291.306 

2401. 163 

evidence  a  definite  over-all  gain  in  weight  of  all  three  bottles 
during  the  period  of  their  use.  The  gain  in  weight  of  bottles 
3  and  6  is  probably  not  attributable  to  residues  left  by  the 
mercury  samples,  as  bottle  25  showed  the  same  increase. 

In  the  course  of  the  weighings,  the  relative  humidity  in  the 
room  where  the  weighings  were  made  was  varied  through  the 
wide  range  given  in  the  table.  Apparently  the  weighings 
were  not  affected  by  these  variations. 


The  results  of  the  two  weighings  of  each  sample  of  mercury 
are  given  in  table  25.  Samples  A  to  E  were  from  repeat 
fillings  of  capillary  2.5a;  F  to  J  were  from  capillary  1.4a. 
The  agreement  between  the  two  weighings  of  each  sample  is 
better  than  0.01  mg  in  all  cases.  The  mean  values  of  these 
duplicate  weighings  are  given  in  table  10  and  were  used  in  the 
calculations.  Considering  all  sources  of  error,  it  is  probable 
that  these  mean  values  are  within  0.01  mg  of  the  true  masses 
of  the  samples. 


Table  25.  Mass  of  samples  of  mercury  from  fillings  of 
capillaries  2.5a  and  l.J+a 


Sample 

Date 

Weighed  in  bottle — 

3 

6 

A _ 

1/17/50 

mg 

654. 303 

mg 

654. 307 

B__  . 

1/18/50 

654.490 

654.  485 

C  . 

1/19/50 

654. 185 

6.54. 190 

D _  . 

1/20/50 

654.  638 

654.  643 

E _  . 

1/23/50 

654. 329 

654.  324 

F _ 

1/24/50 

386. 252 

386.  258 

G  .  . 

1/25/50 

386. 016 

386.  013 

H _ 

1/26/50 

386.  099 

386.  099 

I  _ _  . 

1/27/50 

386.  214 

386. 221 

J _ _ _ _ 

1/27/50 

386.  056 

386.  047 

11.  Appendix  D.  Data  and  Calculation  of 
the  Pressure  Drops  Through  the  Capillaries 


Tables  26  to  36  give  the  observations  made  in  the  11  series 
of  flow  measurements  and  the  detailed  calculations  of  the 
pressure  drops.  The  values  of  Q  given  in  column  3  of  these 
tables  were  calculated  by  the  relation 


Q= speed  of  drive  shaft  X 


grams  mercury 
turn  of  drive  shaft 


X 


1 

T*Hg,20°  C 


The  speeds  of  the  drive  shaft  in  revolutions  per  second  were 
calculated  from  the  motor  speed  and  the  ratio  of  the  gears 
used  in  each  case.  The  rate  of  delivery  of  the  injector  in 
grams  per  turn  of  the  drive  shaft  was  taken  appropriately 
from  table  1,  -3,  or  5.  The  value  used  for  the  density  of 
mercury  at  20°  C  is  13.59546  g/cm3  (see  appendix  A). 

The  gage-rod  corrections  given  in  appendix  B  were  plotted 
as  a  function  of  time,  and  the  corrections  entered  in  column  5 
were  taken  from  these  curves. 

Each  observation  of  the  manometer  zero  is  entered  in  the 
lower  part  of  the  tables.  The  mean  of  the  observations  in  a 
particular  series  was  used  in  the  computation  of  the  pressures 
for  that  series. 

Values  of  Mq,  the  micrometer  depth-gage  head  readings 
under  the  flow  conditions,  are  given  in  column  6.  In  column 
7,  A  =  mean  M0—Mq. 

The  differential  heights  of  mercury  in  the  manometer  are 
given  in  column  8.  These  are  computed  by  the  relation 

he = A -f  interval-)- rod  correction, 


in  which  the  interval  is  the  nominal  difference  in  length 
between  the  rod  and  rod  50. 

The  difference  between  the  actual  temperature  of  each  run 
and  20°  C  is  entered  in  column  9.  On  the  basis  of  these 
temperature  differences,  the  corrections  to  he  entered  in  column 
11  were  computed  by  using  0.0025  %/0.001  deg  C  for  the 
change  in  the  viscosity  of  water  with  temperature  at  tem¬ 
peratures  close  to  20°  C  [4].  The  sign  of  each  correction  is 
such  that  h20=hg+ Ah,  in  which  h2 o  is  the  height  of  mercury 
for  a  corresponding  run  at  20°  C.  Expansions  or  contractions 
in  the  duralumin  frame,  gage  rods,  mercury  in  the  manometer, 
etc.  were  computed  and  found  to  be  completely  negligible  for 
these  small  temperature  differences. 

The  mean  value  of  h20  for  each  rate  of  flow  is  given  in 
column  12,  and  the  standard  deviation  of  the  mean  is  given 
in  column  13. 
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The  pressure  drops  in  dynes  per  square  centimeter  were 
calculated  from  the  mean  values  of  hw  and  entered  in  column 
14.  The  calculations  were  made  using  the  relation 
p20  =  2.540005 XgX  (Dh«-Dw)jo«  cXh20, 

in  which  2.540005  is  the  factor  for  converting  inches  to 
centimeters  [30].  Substituting  for  g  and  (DHg  —  Dw)2o°  c 
their  values  from  appendix  A, 

p20 = 3.1 2363  X104Xh20. 


As  was  mentioned  in  the  description  of  the  manometer, 
the  values  of  p20  given  in  column  14  include  the  pressure  drop 
through  the  side  tube  connecting  the  exit  chamber  with  the 
long  arm  of  the  manometer.  Values  of  this  pressure  drop, 
which  is  equal  to  the  second  term  on  the  right  hand  side  in 
eq  16,  are  given  in  column  15.  This  correction  was  applied 
to  p 20  yielding  the  pressure  drops  across  the  capillary  alone, 
which  are  entered  in  column  16.  Standard  deviations  in 
dynes  per  square  centimeter  are  entered  in  column  17. 


Table  26.  Series  II,  capillary  2.5 
[Calculation  of  the  pressure  drops] 


1 

2 

3 

4 

5 

6 

7 

8 

9 

10 

11 

12 

13 

14 

15 

16 

17 

Date 

Run 

Q 

Gage 

rod 

Gage- 
rod  cor¬ 
rection 

Mq 

A 

he 

&\ 

/120 

h  20, 
means 

Stand¬ 
ard  devi¬ 
ation  of 
the  mean 

P20 

Correc¬ 
tion  for 
side  tube 

P 

Stand¬ 
ard  de¬ 
viation 
of  the 
mean 

Dynes/ 

Dynes/ 

cm*/sec 

in. 

in. 

in. 

in. 

°C 

in. 

in. 

in. 

in. 

Dynes/cm2 

cm2 

Dynes/cm 2 

cm 2 

8/4/41 

2 

0. 072232 

43 

+0.  0040 

0.  6294 

+0.  2141 

7.2181 

0.  000 

0. 0000 

7.2181 

8/5/41 

3 

. 072232 

43 

+.  0040 

.6275 

+.  2160 

7.  2200 

+.009 

+.0016 

7.  2216 

8/8/41 

11 

. 072232 

43 

+.0040 

.6276 

+.  2159 

7.  2199 

+.007 

+.  0013 

7.  2212 

9/26/41 

15 

. 072232 

43 

+.  0040 

.6195 

+.  2164 

7.  2204 

+.004 

+.  0007 

7.  2211 

10/3/41 

19 

. 072232 

43 

+.  0040 

.6180 

+.  2179 

7.  2219 

-.005 

-. 0009 

7.  2210 

■  7.2218 

±6X10-4 

0.  225582X106 

-0. 000001 

0.  225581X10* 

±19 

10/9/41 

22 

. 072232 

43 

+.  0040 

.6155 

+.  2204 

7.  2244 

-.006 

-.0011 

7.2233 

10/27/41 

25 

. 172232 

43 

+.  0040 

.6165 

+.  2194 

7.  2234 

+.002 

+.  0004 

7.2238 

10/28/41 

28 

. 072232 

43 

+.  0040 

.6166 

+.  2193 

7.  2233 

-.002 

-.  0004 

7.  2229 

10/29/41 

29 

. 072232 

43 

+.  0040 

.6166 

+.  2193 

7.  2233 

.000 

.0000 

7.  2233 

8/4/41 

4 

. 128412 

37 

-.0032 

.9375 

-.0940 

12.  9028 

+.013 

+.0042 

12.  9070 

8/6/41 

5 

.  128412 

37 

-.  0032 

.9366 

-.0931 

12.  9037 

+.001 

+.  0003 

12.  9040 

9/30/41 

16 

.  128412 

37 

-.0032 

.9246 

-. 0887 

12.  9081 

+.004 

+.  0013 

12.  9094 

10/1/41 

18 

.  128412 

37 

-.  0032 

.9248 

-.0889 

12.  9079 

.000 

.0000 

12.9079 

>12.  9074 

±9 

.403179 

-.000002 

.403177 

±28 

10/8/41 

21 

.  128412 

37 

-.  0032 

.9240 

-.0881 

12.  9087 

.000 

.0000 

12.  9087 

10/28/41 

26 

.  128412 

37 

-.  0032 

.9246 

-.0887 

12.  9081 

+.001 

+.  0003 

12.  9084 

10/29/41 

30 

.  128412 

37 

-.0032 

.9260 

-.0901 

12.  9067 

.000 

.0000 

12.  9067 

1 

8/4/41 

1 

.  192618 

31 

-.0052 

.3671 

+.4764 

19.  4712 

-.002 

-.0010 

19.  4702 

8/6/41 

6 

.  192618 

31 

-.0052 

.3620 

+.  4815 

19.  4763 

-.001 

-.  0005 

19.  4758 

8/6/41 

8 

.  192618 

31 

-.0052 

.3635 

+.  4800 

19.  4748 

+.  003 

+.0015 

19.  4763 

8/7/41 

9 

.  192618 

31 

-.0052 

.3660 

+.  4775 

19.  4723 

-.004 

-.0019 

19.  4704 

8/8/41 

13 

.  192618 

31 

-.0052 

.3675 

+.  4760 

19.  4708 

+.015 

+.0073 

19.  4781 

>19.  4760 

±12 

.  608358 

-.000003 

.608355 

±37 

10/3/41 

20 

.  192618 

31 

-.  0052 

.3502 

+.  4857 

19.  4805 

-.005 

-.0024 

19.  4781 

10/i0/41 

23 

.  192618 

31 

-.  0052 

.3518 

+.  4841 

19.  4789 

+.001 

+.  0005 

19. 4794 

10/28/41 

27 

.  192618 

31 

-.0052 

.3544 

+.4815 

19.  4763 

.000 

.0000 

19. 4763 

11/3/41 

31 

.  192618 

31 

-.0052 

.3510 

+.  4849 

19.  4797 

.000 

.0000 

19. 4797 

8/6/41 

7 

.256824 

24 

-.0193 

.7110 

+.  1325 

26. 1132 

.000 

.0000 

26. 1132 

1 

8/7/41 

10 

.256824 

24 

-.0193 

.7102 

+.  1333 

26. 1140 

+.001 

+.0007 

26. 1147 

8/8/41 

14 

. 256824 

24 

-.0193 

.7060 

+.  1375 

26. 1182 

+.006 

+.  0039 

26. 1221 

[26. 1199 

±30 

.  815889 

-.000004 

.  815885 

±94 

9/30/41 

17 

.256824 

24 

-.0193 

.6958 

+.  1401 

26. 1208 

+.006 

+.  0039 

26. 1247 

10/10/41 

24 

.  256824 

24 

-.0193 

.6930 

+.1429 

26. 1236 

+.002 

+.  0013 

26. 1249 

1 

Observations  of  Mo,  August  1941  data 

Date  ... 

8/4 

8/4 

8/5 

8/5 

8/6 

8/7 

8/7 

8/8 

8/8 

Time _ 

_  a.  m. 

p.  m. 

a.  m. 

p.  m. 

a.  m. 

a.  m. 

p.  m. 

a.  m. 

p.  m. 

Mo _ 

_  0. 8433 

0.  8433 

0.  8432  0. 8432 

0. 8434 

0. 8437 

0.  8440 

0.  8438 

0. 8438 

Mean  value =0.8435.  Standard  deviation  of  the  mean =±0.0001 

Observations  of  Mo,  September,  October,  and  November  1941  data  » 

Date _ 

9/26 

9/26 

9/29 

9/29 

9/30 

9/30 

10/1 

10/3 

10/3 

10/8 

10/8 

Time _ 

a.  m. 

p.  m 

a.  m. 

p.  m. 

a.  m. 

p.  m. 

a.  m. 

a.  m. 

p.  m. 

a.  m. 

p.  m. 

Mo . 

...  0.8374 

0. 8349  0.  8357 

0.  8364 

0. 8355  0. 8323 

0. 8354 

0. 8369 

0.  8372 

0.  8362 

0. 8363 

Date.... 

10/9 

10/9  10/10 

10/10 

10/27 

10/27 

10/28 

10/28 

10/29 

10/29 

11/3 

Time.... 

a.  m. 

p.  m 

a.  m. 

p.  m. 

a.  m. 

p.  m. 

a.  m. 

p.  m. 

a.  m. 

p.  m. 

a.  m. 

Mo _ 

0.8359 

0. 8361  0. 8361 

o'.  8359 

0. 8351  0. 8364 

0. 8360 

0. 8360 

0. 8358 

0. 8359 

0. 8367 

Mean  value=0.8359.  Standard  deviation  of  the  mean=±0.0002 

*  Following  the  August  measurements  certain  shims  were  removed  from  under  the  surface  plate  on  which  the  depth  gage  was  mounted, 
expected  to  be  different  from  the  August  data. 


Hence,  these  data  are 
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Table  27.  Series  III,  capillary  2.5 
[Calculation  of  the  pressure  drops] 


1 

2 

3 

4 

5 

6 

7 

8 

9 

10 

11 

12 

13 

14 

15 

16 

17 

Date 

Run 

Q 

Gage 

rod 

Gage- 
rod  cor¬ 
rection 

Mq 

A 

he 

A  9 

Ah 

hm 

h  20, 
means 

Stand¬ 
ard  devi¬ 
ation  of 
the  mean 

P20 

Correc¬ 
tion  for 
side  tube 

P 

Stand¬ 
ard  de¬ 
viation 
of  tho 
mean 

Dynes / 

Dynes / 

cm3/sec 

in. 

in. 

in. 

in. 

°C 

in. 

in. 

in. 

in. 

Dynes/cm 2 

cm- 

Dynes/cm 2 

cm2 

10/29/47 

1 

0. 072277 

43 

+0.  0029 

0.4600 

+0.  2275 

7.  2304 

-0.  001 

-0.  0002 

7.  2302 

10/30/47 

2 

.  072277 

43 

+.0029 

.4600 

+.  2275 

7.  2304 

.000 

.  0000 

7.2304 

10/31/47 

7 

.  072277 

43 

+.  0029 

.4615 

+.  2260 

7.  2289 

-.003 

-.0005 

7.  2284 

10/31/47 

8 

.  072277 

43 

+.0029 

.4605 

+.  2270 

7.  2299 

-.001 

-.0002 

7.  2297 

10/31/47 

10/31/47 

9 

10 

.  072277 
.  072277 

43 

43 

+.  0029 
+.0029 

.4630 

.4620 

+.  2245 
+.  2255 

7.  2274 
7.  2284 

+.  009 
+.003 

+.0016 
+.  0005 

7.  2290 
7.2289 

>  7.  2276 

±12X10-' 

0.  225763X10  8 

-0. 000001 

0.  225762X10  8 

±37 

11/  6/47 

21 

. 072277 

43 

+.0029 

.4705 

+.2170 

7.  2199 

-.006 

-.0011 

7.2188 

11/  5/47 

22 

.  072277 

43 

+.0029 

.4670 

+.2205 

7.  2234 

-.006 

-.0011 

7.  2223 

11/  7/47 

23 

.  072277 

43 

+.  0029 

.4620 

+.  2255 

7.  2284 

+.  005 

+.  0009 

7.2293 

11/  7/47 

24 

.  072277 

43 

+.  0029 

.4615 

+.  2260 

7.  2289 

.000 

.0000 

7.  2289 

11/  5/47 

17 

.  128492 

37 

-.0042 

.7670 

-.0795 

12.  9163 

-.002 

-.0006 

12.  9157 

11/  5/47 

18 

. 128492 

37 

-.0012 

.7640 

-.0765 

12.  9193 

-.002 

-.0006 

12.  9187 

11/  5/47 

19 

.  128492 

37 

-.0042 

.  7655 

-.0780 

12.9178 

-.004 

-.0013 

12.  9165 

>12,  917.3 

±6 

.  403489 

-.  000002 

.  403487 

±19 

11/  5/47 

20 

. 128492 

37 

-.0042 

.7645 

-.  0770 

12.  9188 

-.005 

-.0016 

12.9172 

11/  7/47 

25 

.  128492 

37 

-.0042 

.7665 

-.0790 

12.  9168 

+.  005 

+.  0016 

12.  9184 

1 

11/  3/47 

13 

.  192739 

31 

-.0060 

.  1910 

+.  4965 

19.  4905 

+.001 

+.0005 

19.  4910 

. 

11/  4/47 
11/  4/47 

14 

15 

.  192739 
.  192739 

31 

31 

-.0060 

-.0060 

.  1915 
.  1895 

+.  4960 
+.4980 

19. 4900 
19.  4920 

-.007 

-.007 

-.0034 

-.0034 

19.  4866 
19.  4886 

il9.  4892 

±12 

.  608770 

-.000003 

.  608767 

±37 

11/  4/47 

16 

.  192739 

31 

-.0060 

.  1875 

+.5000 

19. 4940 

-.007 

-.0034 

19.  4906 

J 

10/30/47 

3 

.  256985 

24 

-.0205 

.5270 

+.1605 

26. 1400 

.000 

.0000 

26. 1400 

10/30/47 

4 

. 256985 

24 

-.0205 

.5260 

+.  1615 

26. 1410 

-.001 

-.0007 

26. 1403 

10/30/47 

10/30/47 

5 

6 

. 256985 
.  256985 

24 

24 

-.0205 

-.0205 

.  5220 
.5225 

+.  1655 
+.  1650 

26. 1450 
26. 1445 

.000 

.000 

.0000 

.0000 

26. 1450 
26. 1445 

26. 1435 

±12 

.  816626 

-.000004 

.  816622 

±37 

11/  3/47 

11 

.  256985 

24 

-.0205 

.5260 

+.  1615 

26. 1410 

+.006 

+.0039 

26. 1449 

11/  3/47 

12 

.  256985 

24 

-.0205 

.5235 

+.  1640 

26. 1435 

+.  004 

+.  0026 

26. 1461 

Observations  of  Mo 


Date _  10/29/47  10/29/47  10/30/47  10/30/47  10/31/47  10/31/47  11/  3/47  11/  3/47  11/  4/47  11/  5/47  11/  5/47  11/  7/47  11/  7/47 

Time .  a.  m.  p.  m.  a.  m.  p.  m.  a.  m.  p.  m.  a.  m.  p.  m.  a.  m.  a.  m.  p.  m.  a.  m.  p.  m. 

Mo . .  0.6890  0.6870  0.6885  0.6890  0.6880  0.6870  0.6870  0.6865  0.6870  0.6870  0.6870  0.6870  0.6875 


Mean  value=0.6875.  Standard  deviation  of  mean=±0.0003 


Table  28.  Series  IV,  capillary  2.5 
[Calculation  of  the  pressure  drops] 


1 

2 

3 

4 

5 

6 

7 

8 

9 

10 

11 

12 

13 

14 

15 

16 

17 

Date 

Run 

Q 

Gage 

rod 

Gage- 
rod  cor¬ 
rection 

Q 

A 

he 

A  e 

Ah 

/l20 

/*20, 

means 

Stand¬ 
ard  devi¬ 
ation  of 
the  mean 

P20 

Correc¬ 
tion  for 
side  tube 

P 

Stand¬ 
ard  de¬ 
viation 
of  the 
mean 

Dynes/ 

Dynes/ 

cm3/sec 

in. 

in. 

in. 

in. 

°C 

in. 

in. 

in. 

in. 

Dynes/cm 2 

cm2 

Dynes/cm 2 

cm 2 

12/18/47 

1 

0. 072277 

43 

+0.  0029 

0.  4655 

+0.  2230 

7. 2259 

+0.  006 

+0.0011 

7.  2270 

12/18/47 

2 

.  072277 

4.3 

.0029 

.4645 

+.  2240 

7.  2269 

+.  004 

+.0007 

7.  2276 

12/22/47 

5 

.  072277 

43 

.0029 

.4665 

+.  2220 

7.  2249 

+.  002 

+.  0004 

7.  2253 

±23 

12/22/47 

6 

.  072277 

43 

.  0029 

.4655 

+.  2230 

7.  2259 

+.003 

+.  0005 

7.  2264 

-  7.  2280 

±8X10-' 

0.225776X108 

-0.000001 

0.  225775X10  8 

12/26/47 

15 

.  072277 

43 

.0029 

.  4620 

+.  2265 

7.2294 

+.001 

+.0002 

7.  2296 

12/26/47 

16 

.  072277 

43 

.0029 

.4620 

+.  2265 

7.  2294 

+.  002 

+.0004 

7.  2298 

12/29/47 

17 

.  072277 

43 

.0029 

.4620 

+.  2265 

7.2294 

+.  004 

+.  0007 

7.2301 

12/26/47 

13 

.  128492 

37 

-.0042 

.7620 

-.  0735 

12.  9223 

+.  003 

+.0010 

12.  9233 

| 

12/26/47 

12/29/47 

14 

18 

.  128492 
.  128492 

37 

37 

-.0042 
-. 0042 

.7620 

.7590 

-.  0735 
-.0705 

12.  9223 
12.  9253 

+.  004 
+.002 

+.  0013 
+.0006 

12.  9236 
12.  9259 

1 12.  9247 

±9 

. 403720 

-.000002 

.  403718 

±28 

12/29/47 

19 

.  128492 

37 

-.0042 

.  7590 

-. 0705 

12.  9253 

+.  002 

+.0006 

12.  9259 

) 

12/23/47 

9 

.  192739 

31 

-.0060 

.  1955 

+.  4930 

19.  4870 

+.  004 

+.  0020 

19.  4890 

12/23/47 

10 

.  192739 

31 

-.  0060 

.  1990 

+.  4895 

19.  4835 

+.005 

+.  0024 

19. 4859 

•19.  4905 

±22 

.608811 

-.000003 

.608808 

±69 

12/24/47 

11 

.  192739 

31 

-.  0060 

.  1920 

+.  4965 

19. 4905 

+.002 

+.0010 

19.4915 

12/24/47 

12 

.  192739 

31 

-.  0060 

.1880 

+.5005 

19. 4945 

+.  002 

+.0010 

19.  4955 

12/19/47 

3 

.  256985 

24 

-.0205 

.5220 

+.  1665 

26. 1460 

+.002 

+.0013 

26. 1473 

12/19/47 

4 

.  256985 

24 

-.  0205 

.5210 

+.  1675 

26. 1470 

+.002 

+.0013 

26. 1483 

26. 1492 

±10 

.816804 

-. 000004 

.816800 

±31 

12/23/47 

7 

.  256985 

24 

-.  0205 

.5210 

+.1675 

26.  1470 

+.004 

+.0026 

26.  1496 

12/23/47 

8 

.  256985 

24 

-.0205 

.5190 

+.  1695 

26. 1490 

+.004 

+.  0026 

26. 1516 

Observations  of  Mo 


Date.. 12/18/47 

12/18/47 

12/19/47 

12/22/47 

12/22/47 

12/23/47 

12/24/47 

12/24/47 

12/26/47 

12/26/47 

12/29/47 

12/29/47 

Time_  a.  m. 

p.  m. 

a.  m. 

a.  m. 

p.  m. 

a.  m. 

a.  m. 

p.  m. 

a.  m. 

p.  m. 

a.  m. 

p.m. 

Mo....  0.  6870 

0.  6870 

0. 6870 

0.  6900 

0.  6895 

0.  6900 

0. 6890 

0. 6910 

0.6880 

0.6880 

0. 6870 

0. 6880 

Mean  value=0.6885.  Standard  deviation  of  mean=±0.0003 


549/27 


Table  29.  Series  VII,  capillary  2.5a 

[Calculation  of  the  pressure  drops] 


1 

2 

3 

4 

5 

6 

7 

8 

9 

10 

11 

12 

13 

14 

15 

16 

17 

Date 

Run 

O 

Gage 

rod 

Gage- 
rod  cor¬ 
rection 

Mq 

A 

he 

Ae 

Ah 

f>20 

h  20, 
means 

Stand¬ 
ard  devi¬ 
ation  of 
the  mean 

P20 

Correc¬ 
tion  for 
side  tube 

P 

Stand¬ 
ard  de¬ 
viation 
of  the 

mean 

Dynes / 

Dynes/ 

cm*/sec 

in. 

in. 

in. 

in. 

°C 

in. 

in. 

in. 

in. 

Dynes/cm 2 

cm3 

Dynes/cm 3 

cm 2 

3/3/49 

10 

0. 096376 

45 

-0.  0075 

0.  8090 

-0. 1319 

4.8606 

0.000 

0.0000 

4.  8606 

I 

3/4/49 

13 

.096376 

45 

-.0075 

.8060 

-.  1289 

4.8636 

.000 

.0000 

4.8636 

^  4.8630 

±14X10-* 

0.  151902X10® 

-0. 000003 

0.  151899X10* 

±44 

3/4/49 

17 

. 096376 

45 

-.0075 

.8050 

-.  1279 

4.  8646 

+.001 

+.0001 

4.8647 

1 

3/2/49 

5 

.128502 

44 

+.0003 

.1525 

+.  5246 

6.  5249 

+.001 

+.  0002 

6.  5251 

| 

3/2/49 

3/3/49 

8 

9 

. 128502 
.  128.502 

44 

44 

+.0003 

+.0003 

.  1530 
.  1525 

+.  5241 
+.  5246 

6.  5244 
6.  5249 

.000 

+.001 

.0000 

+.0002 

6.  5244 
6.  5251 

>  6.  5248 

±3 

.203811 

-.000004 

. 203807 

±9 

3/4/49 

14 

.128502 

44 

+.0003 

.  1530 

+.  5241 

6.  5244 

.000 

.0000 

6.  5244 

1 

3/2/49 

6 

. 192753 

40 

-.0009 

.  7715 

-.0944 

9.  9047 

-.001 

-.0002 

9.  9045 

1 

3/3/49 

11 

. 192753 

40 

-.0009 

.7725 

-.0954 

9.9037 

.000 

.0000 

9.9037 

/  9.  9043 

±3 

.  309374 

-.000006 

.309368 

±9 

3/4/49 

15 

.  192753 

40 

-.0009 

.7715 

-.0944 

9.  9047 

.000 

.0000 

9.  9047 

1 

3/2/49 

7 

.  257004 

37 

-.0042 

,3136 

+.3636 

13.  3594 

.000 

.0000 

13. 3594 

| 

3/3/49 

12 

.  257004 

37 

-.0042 

.  3155 

+.  3616 

13. 3574 

-.001 

-.0003 

13.3571 

D3.  3595 

±14 

.417301 

-.000008 

. 417293 

±44 

3/4/49 

16 

.  257004 

37 

-.0042 

.3110 

+.3661 

13.3619 

.000 

.0000 

13.  3619 

1 

Observations  of  Mo 

Date _ 

. . 3/2/49 

3/2/49 

3/3/49  3/3/49 

3/4/49 

3/4/49 

Time.  . 

_ a.  m. 

p.  m. 

a.  m.  p. 

m. 

a.  m. 

p.  m. 

Mo _ 

_ 0.6785 

0.6780 

0.6775  0.6765 

0.6770 

0.6750 

Mean= 

0.6771. 

Standard  deviation  of  the  mean =±0.0005 

Table  30.  Series  IX,  capillary  2.5a 


[Calculation  of  the  pressure  drops] 


1 

O 

3 

4 

5 

6 

7 

8 

9 

10 

11 

12 

13 

14 

15 

16 

17 

Date 

Run 

Q 

Gage 

rod 

Gage- 
rod  cor¬ 
rection 

M  a 

A 

he 

AS 

Ah 

hv, 

h20, 

means 

Stand¬ 
ard  devi¬ 
ation  of 
the  mean 

Pm 

Correc¬ 
tion  for 
side  tube 

P 

Stand- 
aid  de¬ 
viation 
of  the 
mean 

Dynes/ 

Dynes/ 

cmi/sec 

in. 

in. 

in. 

in. 

°C 

in. 

in. 

in. 

in. 

Dynes/cm 2 

cm 2 

Dynes/cm 3 

cm 2 

3/28/49 

6 

0. 096376 

45 

-0. 0075 

0.8570 

-0. 1300 

4.  8625 

0.000 

0.0000 

4.  8625 

] 

3/30/49 

8 

.096376 

45 

-.0075 

.8560 

-.  1290 

4.8635 

+.001 

+.0001 

4.  8636 

^  4.  8639 

±10X10-* 

0. 151930X10* 

-0.000003 

0.  151927X10* 

±31 

3/31/49 

14 

.096376 

45 

-.0075 

.8540 

-.  1270 

4.  8655 

.000 

.0000 

4. 8655 

1 

3/28/49 

7 

. 128502 

44 

+.0003 

.2020 

+.  5250 

6.  5253 

.000 

.0000 

6.  5253 

) 

3/30/49 

9 

.128502 

44 

+.0003 

.2025 

+.  5245 

6.  5248 

.000 

.0000 

6.  5248 

[  6.5254 

±4 

. 203829 

-.000004 

.203825 

±12 

3/31/49 

15 

. 128502 

44 

+.0003 

.2015 

+.5255 

6.5258 

+.001 

+.0002 

6.  5260 

I 

3/30/49 

10 

. 192753 

40 

-.0009 

.8250 

-.0980 

9.9011 

.000 

-  .0000 

9.9011 

] 

3/30/49 

12 

.  192753 

40 

-.0009 

.8220 

-.0950 

9.  9041 

.000 

.0000 

9.9041 

}  9. 9032 

±12 

.309339 

-.000006 

.  309333 

±38 

3/31/49 

16 

.  192753 

40 

-.0009 

.8220 

-.  0950 

9.  9041 

+.001 

+.0002 

9.  9043 

1 

3/30/49 

11 

.257004 

37 

-.0042 

.3640 

+.  3630 

13.  3588 

.000 

.0000 

13.  3588 

] 

3/31/49 

13 

.257004 

37 

-.0042 

.3635 

+.3635 

13.  3593 

.000 

.0000 

13.  3593 

>13. 3598 

±9 

.417311 

-. 000008 

.  417303 

±28 

3/31/49 

17 

.257004 

37 

-.0042 

.3615 

+.3655 

13. 3613 

.000 

.0000 

13. 3613 

f 

Observations  of  Mo 


Date . ....3/28/49  3/28/49  3/30/49  3/30/49  3/31/49  3/31/49 

Time . . . a.m.  p.m.  a.m.  p.m.  a.m.  p.m. 

Mo _ _ 0.7290  0.7275  0.7260  0.7270  0.7255  0.7270 


Mean  value=0.7270.  Standard  deviation  of  mean=±0.0005 


550/28 


Table  31.  Series  X,  capillary  2.&a 
[Calculation  of  the  pressure  drops] 


1 

2 

3 

4 

5 

6 

7 

8 

9 

10 

11 

12 

13 

14 

15 

16 

17 

Date 

Run 

0 

Gage 

rod 

Gage- 
rod  cor¬ 
rection 

Mq 

A 

ht 

Ad 

Ah 

A  30 

/l20, 

means 

Stand¬ 
ard  devi¬ 
ation  of 
the  mean 

Pio 

Correc¬ 
tion  for 
side  tube 

P 

Stand¬ 
ard  de¬ 
viation 
of  the 
mean 

cm3/sec 

in. 

Dynes / 

Dynes/ 

in. 

in. 

in. 

°C 

in. 

in. 

in. 

in. 

Dynes/cm 3 

cm2 

Dynes/cm 2 

cm 2 

8/12/49 

1 

0. 096376 

45 

-0.  0078 

0.  9635 

-0. 1280 

4.8642 

0.000 

0.0000 

4.  8642 

1 

8/12/49 

8/15/49 

5 

7 

096376 

.096376 

45 

45 

-.0078 

-.0078 

.9650 

.9650 

-.1295 

-.1295 

4.  8627 
4. 8627 

+.  006 
.000 

+.0007 

.0000 

4.8634 
4. 8627 

1  4.  8635 

±3X10-' 

0. 151918X10* 

-0. 000003 

0. 151915X106 

±9 

8/16/49 

12 

.096376 

45 

-.0078 

.9640 

-.1285 

4.  8637 

.000 

.0000 

4  8637 

J 

8/12/4 

2 

.128502 

44 

+.  0003 

.3125 

+.5230 

6.5233 

.000 

.0000 

6.  5233 

| 

8/12/49 

8/15/49 

6 

8 

.128502 
. 128502 

44 

44 

+.0003 

+.0003 

.3130 

.3115 

+.  5225 
+.  5240 

6.5228 
6,  5243 

.000 

.000 

.0000 

.0000 

6.5228 
6.  5243 

i  6.  5227 

±9 

. 203745 

-.000004 

. 203741 

±27 

8/16/49 

13 

.128502 

44 

+.  0003 

.3155 

+.5200 

6.5203 

.000 

.0000 

6.5203 

J 

8/12/49 

3 

. 192753 

40 

-.0012 

.9335 

-.0980 

9.9008 

+.001 

+.0002 

9.  9010 

| 

8/15/49 

8/15/49 

9 

11 

. 192752 
. 192753 

40 

40 

-.0012 

-.0012 

.9330 

.9310 

-.  0975 
-.0955 

9.  9013 
9.  9033 

.000 

.000 

.0000 

.0000 

9. 9013 
9.  9033 

i  9.  9023 

±8 

.309311 

-.000006 

.  309305 

±25 

8/16/49 

14 

. 192753 

40 

-.0012 

.9310 

-.0955 

9.  9033 

+.001 

+.0002 

9.  9035 

) 

8/12/49 

4 

.257004 

37 

-.0047 

.4700 

+.  3655 

13.  3608 

.000 

.0000 

13.  3608 

1 

8/15/49 

10 

.257004 

37 

-. 0047 

.4700 

+.  3655 

13.  3608 

.000 

.0000 

13.  3608 

>13.  3613 

±8 

. 417357 

-.000008 

.417349 

±24 

8/16/49 

15 

.  257004 

37 

-.0047 

.4685 

+.  3670 

13.  3623 

.000 

.0000 

13.  3623 

1 

Observations  of  Mo 


Date _  8/12/49  8/12/49  8/15/49  8/15/49  8/16/49  8/16/49  8/16/49 

Time _  a.  m.  p.  m.  a.  m.  p.  m.  a.  m.  Noon  p.  m. 

Mo . .  0.8355  0.8345  0.8335  0.8360  0.8355  0.8360  0.8375 


Mean=0.8355.  Standard  deviation  of  the  mean=±0.0004. 


Table  32.  Series  V,  capillary  1.4 
[Calculation  of  the  pressure  drops] 


1 

2 

3 

4 

5 

6 

7 

8 

9 

10 

11 

12 

13 

14 

15 

16 

17 

Date 

Run 

0 

Gage 

rod 

Gage- 
rod  cor¬ 
rection 

Mq 

A 

ht 

AS 

Ah 

hm 

h  20, 
means 

Stand¬ 
ard  devi¬ 
ation  of 
tbe  mean 

P  20 

Correc¬ 
tion  for 
side  tube 

P 

Stand¬ 
ard  de¬ 
viation 
of  the 

mean 

Dynes/ 

Dynes/ 

cm3  /sec 

in. 

in. 

in. 

in. 

°C 

in. 

in. 

in. 

in. 

Dynes/cm 2 

cm 2 

Dynes/cm 2 

cm 2 

12/20/48 

5 

0. 033674 

42 

+0.  0029 

0.  9090 

-0.  3225 

7.  6804 

+0.  002 

+0.  0004 

7.  6808 

i 

12/20/48 

12/21/48 

6 

8 

.  033674 
.  033674 

42 

42 

.0029 

.0029 

.9105 

.9125 

-.3230 

-.3250 

7.  6799 
7.  6779 

+.003 

+.003 

+.0006 

+.0006 

7.  6805 
7.  6785 

[  7. 6789 

±13X10_4 

0. 239860X10* 

-0.  000001 

0. 239859X10* 

±41 

12/22/48 

13 

.  033674 

42 

.0029 

.9150 

-. 3275 

■  7.  6754 

+.002 

+.0004 

7. 6758 

1 

12/23/48 

14 

.  072282 

34 

-.0002 

.0460 

+.5415 

16.  5413 

+.004 

+.0016 

16.  5429 

) 

12/23/48 

15 

.072282 

34 

-.0002 

.0480 

+.5395 

16.  5393 

+.002 

+.0008 

16.5401 

>16.  5405 

±14 

.516664 

-.000002 

.516662 

±44 

12/28/48 

17 

.072282 

34 

-.0002 

.0495 

+.5380' 

16.  5378 

+.002 

+.0008 

16.  5386 

1 

12/20/48 

7 

.  096376 

28 

+.  0010 

.4780 

+.  1095 

22. 1105 

+.001 

+.  0006 

22.1111 

] 

12/21/48 

12/28/48 

9 

18 

.096376 
. 096376 

28 

28 

.0010 

.0010 

.4755 

.4800 

+.1120 

+.1075 

22.1130 
22. 1085 

+.002 

+.002 

+.0011 

+.0011 

22. 1141 
22. 1096 

J-22.  mi 

±11 

. 690669 

-.000002 

.690667 

±34 

12/28/48 

19 

. 096376 

28 

.0010 

.4800 

+.  1075 

22. 1085 

+.002 

+.4)011 

22. 1096 

1 

12/21/48 

10 

.128502 

21 

-.0059 

.0110 

+.  5765 

29. 5706 

+.004 

+.0030 

29.  5736 

1 

12/21/48 

11 

.128502 

21 

-.0059 

.0125 

+.5750 

29.  5691 

+.002 

+.0015 

29.  5706 

129.  5706 

±11 

.  923676 

-.000003 

. 923673 

±34 

12/22/48 

12 

.128502 

21 

-.0059 

.0130 

+.  5745 

29.  5686 

+.002 

+.0015 

29.  5701 

12/23/48 

16 

.128502 

21 

-.0059 

.0150 

+.  5725 

29.  5666 

+.002 

+.0015 

29.  5681 

Observations  of  Mo 


Date _  12/20/48  12/21/48  12/21/48  12/22/48  12/22/48  12/23/48  12/23/48  12/28/48  12/28/48 

Time _  p.  m.  a.  m.  p.  m.  a.  m.  p.  m.  a.  m.  p.  m.  a.  m.  p.  m. 

Mo . .  0.5850  0.5865  0.5875  0.5845  0.5890  0.5865  0.5895  0.5875  0.5915 


Mean  value=0.5875.  Standard  deviation  of  mean=±0.0009 
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Table  33.  Series  VI,  capillary  1.4 
[Calculation  of  the  pressure  drops] 


1 

2 

3 

4 

5 

6 

7 

8 

9 

10 

11 

12 

13 

14 

15 

16 

17 

Date 

Run 

Q 

Gage 

rod 

Gage 
rod  cor¬ 
rection 

Mq 

A 

he 

A0 

Aft 

ft  20 

h  20, 
means 

Stand¬ 
ard  devi¬ 
ation  of 
the  mean 

P  20 

Correc¬ 
tion  for 
side  tube 

P 

Stand¬ 
ard  de¬ 
viation 
of  the 
mean 

Dynes/ 

Dynes/ 

cm3/sec 

in. 

in. 

in. 

in. 

°C 

in. 

in. 

in. 

in. 

Dynes/cm3 

cm 2 

Dynes/cm 3 

cm 2 

2/7/49 

1 

0. 033674 

43 

+0.  0011 

0.  0005 

+0. 6770 

7.  6781 

0.  000 

0. 0000 

7.  6781 

] 

2/9/49 

3 

.  033674 

43 

+.  0011 

.0005 

+.  6770 

7.  6781 

+.001 

+.0002 

7.  6783 

17. 6780 

±2X10-' 

0.  239832X10“ 

-0.  000001 

0.  239831X106 

±6 

2/i0/49 

7 

.  033674 

43 

+.0011 

.0010 

+.  6765 

7.6776 

.000 

.0000 

7.  6776 

1 

2/9/49 

4 

.  072282 

34 

-.0002 

.1350 

+.  5425 

16.  5423 

.000 

.0000 

16.  5423 

] 

2/10/49 

8 

.  072282 

34 

0002 

.1320 

+.5455 

16.  5453 

.000 

.0000 

16.  5453 

>16.  5445 

±13 

.  516789 

-.000002 

. 516787 

±41 

2/11/49 

10 

.  072282 

34 

-.0002 

.1315 

+.5460 

16.  5458 

.000 

.0000 

16.  5458 

1 

2/9/49 

5 

.  096376 

28 

+.  0010 

.5670 

+.1105 

22. 1115 

.000 

.0000 

22.1115 

) 

2/10/49 

9 

.  096376 

28 

+.  0010 

.5665 

+.1)10 

22. 1120 

.000 

.  0000 

22. 1120 

>22. 1120 

±3 

.  690697 

-. 000002 

.  690695 

±9 

2/11/49 

11 

.  096376 

28 

+.  0010 

.5660 

+.1115 

22.  1125 

.000 

.0000 

22.1125 

1 

2/7/49 

2 

.  128502 

21 

-.0059 

.  1015 

+.  5760 

29.  5701 

.000 

.0000 

29.  5701 

1 

2/9/49 

fi 

.  128502 

21 

-.  0059 

.0995 

+.  5780 

29.  5721 

+.  001 

+.0007 

29.  5728 

>29.  5725 

±14 

.  923735 

-.  000003 

.  923732 

±45 

2/11/49 

12 

.  128502 

21 

-. 0059 

.0970 

+.  5805 

29.  5746 

.000 

.0000 

29.  5746 

1 

Observations  of  Mo 


Date _ 2/7/49  2/9/49  2/9/49  2/10/49  2/10/49  2/11/49  2/11/49 

Time _ a.  m.  a.  m.  p.  m.  a.  m.  p.  m.  a.  m.  p.  m. 

Mo _ 0.6760  0.6755  0.6780  0.6785  0.6785  0.6765  0.6795 


Mean=0.6775.  Standard  deviation  of  the  mean=±0.0006 


Table  34.  Series  VIII ,  capillary  4.4 
[  Calculation  of  the  pressure  drops] 


1 

2 

3 

4 

5 

6 

7 

8 

9 

10 

11 

12 

13 

14 

15 

16 

17 

Date 

Run 

Q 

Gage 

rod 

Gage- 
rod  cor¬ 
rection 

Mq 

A 

he 

A0 

Ah 

ft  20 

h  20, 
means 

Stand¬ 
ard  devi¬ 
ation  of 
the  mean 

P20 

Correc¬ 
tion  for 
side  tube 

P 

Stand¬ 
ard  de¬ 
viation 
of  the 
mean 

Dynes/ 

Dynes/ 

cm3 /sec 

in. 

in. 

in. 

in. 

°C 

in. 

in. 

in. 

in. 

Dynes/cm 2 

cm 2 

Dynes/cm 2 

cm 2 

3/10/49 

1 

0. 033674 

43 

+0.  0011 

0. 1005 

+0.  6754 

7.  6765 

+0.  001 

+0.  0002 

7.  6767 

I 

3/11/49 

4 

.  033674 

43 

.0011 

.0970 

+.  6779 

7.  6790 

+.001 

+.0002 

7.  6792 

>7.  6791 

±14X10~1 

0.  239867X10“ 

-0. 000001 

0. 239866X10“ 

±45 

3/15/49 

10 

.  033674 

43 

.0011 

.0955 

+.  6804 

7.  6815 

.000 

.0000 

7.  6815 

J 

3/10/49 

2 

.  072282 

34 

-.  0002 

.2290 

+.  5469 

16.  5467 

.000 

.0000 

16.  5467 

] 

3/11/49 

5 

.  072282 

34 

-.0002 

.2275 

+.  5484 

16.  5482 

+.001 

+.0004 

16.  5486 

>16.  5473 

±8 

.516876 

-.000002 

.  516874 

±23 

3/14/49 

6 

.  072282 

34 

-. 0002 

.2290 

+.  5469 

16.  5467 

.000 

.0000 

16.  5467 

1 

3/10/49 

3 

. 096376 

28 

+.0010 

.6650 

+.  1109 

22.  1119 

+.001 

+.0006 

22. 1125 

1 

3/14/49 

7 

. 096376 

28 

.0010 

.6630 

+.  1129 

22.  1139 

+.001 

+.0006 

22. 1145 

>22. 1133 

±8 

. 690738 

-.000002 

.  690736 

±24 

3/15/49 

11 

.  096376 

28 

.0010 

.6635 

+.  1124 

22. 1134 

-.001 

-.0006 

22. 1128 

1 

3/14/49 

8 

.  128502 

21 

-.  0046 

.  1935 

+.  5824 

29.  5778 

+.001 

+.  0007 

29.  5785 

I 

3/14/49 

9 

.  128502 

21 

.0046 

.  1935 

+.5824 

29.  5778 

+.001 

+.0007 

29.  5785 

■j29.  5784 

±2 

. 923920 

-. 000003 

.923917 

±5 

3/15/49 

12 

.  128502 

21 

.0046 

.1925 

+.5834 

29.  5788 

-.001 

-.  0007 

29.  5781 

l 

Observations  of  Mo 


Date _ _  3/10/49  3/11/49  3/11/49  3/14/49  3/14/49  3/15/49  3/15/49 

Time _  a.  m.  a.  m.  p.  m.  a.  m.  p.  m.  a.  m.  p.  m. 

Mo _  0. 7755  0. 7780  0. 7765  Q.  7745  0. 7750  0.  7745  0.  7770 


Mean  value-=0.7759.  Standard  deviation  of  mean=±0.0005 
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Table  35.  Series  XI,  capillary  1.4a 
[Calculation  of  the  pressure  drops] 


— 

1 

2 

3 

4 

5 

6 

7 

8 

9 

10 

11 

12 

13 

14 

15 

16 

17 

Date 

Run 

Q 

Gage 

rod 

Gage- 
rod  cor¬ 
rection 

Mq 

A 

he 

A  9 

A  h 

/l20 

/l20, 

means 

Stand¬ 
ard  devi¬ 
ation  of 
the  mean 

P20 

Correc¬ 
tion  for 
side  tube 

P 

Stand¬ 
ard  de¬ 
viation 
of  the 
mean 

Dynes / 

Dynes/ 

cm3 /sec 

in. 

in. 

in. 

in. 

°C 

in. 

in. 

in. 

in. 

Dynes/cm - 

cm 2 

Dynes/cm3 

cm 2 

9/14/49 

1 

0. 033674 

47 

+0.  0135 

0.  0&30 

+0. 8176 

3.8311 

0.000 

0.  0000 

3.8311 

i 

9/15/49 

5 

. 033674 

47 

+.0135 

.0810 

+.  8196 

3.  8331 

.000 

.0000 

3.  8331 

>3.  8315 

±10X10-' 

0. 119682X108 

-0.  000001 

0. 119681X108 

±31 

9/15/49 

9 

. 033674 

47 

+.0135 

.0840 

+.8166 

3. 8301 

+.001 

+.  0001 

3. 8302 

1 

9/14/49 

2 

. 072282 

42 

+.  0025 

.6105 

+.  2901 

8.  2926 

.000 

.0000 

8.  2926 

1 

9/15/49 

6 

. 072282 

42 

+.  0025 

.6125 

+.2881 

8.  2906 

.000 

.0000 

8.  2906 

>8.  2911 

±9 

. 258983 

-. 000002 

. 258981 

±28 

9/15/49 

10 

. 072282 

42 

+.  0025 

.6130 

+.  2876 

8.  2901 

.000 

.oooo 

8.  2901 

1 

9/14/49 

3 

. 096376 

39 

-.0053 

.7855 

+.  1151 

11. 1098 

-.002 

-.0006 

11. 1092 

1 

9/15/49 

7 

. 096376 

39 

-.  0053 

.7875 

+.  1131 

11. 1078 

.000 

.0000 

11. 1078 

Ml.  1074 

±13 

. 346954 

-.000003 

.346951 

±41 

9/15/49 

ii 

. 096376 

39 

-.0053 

.7905 

+.  1101 

11.  1048 

+.001 

+.  0003 

11. 1051 

1 

9/14/49 

4 

. 128502 

35 

-.0061 

.9940 

-.0934 

14.  9005 

-.001 

0004 

14.9001 

| 

9/15/49 

8 

. 128502 

35 

-.0061 

.9950 

-.  0944 

14.  8995 

.000 

.0000 

14.  8995 

>14.  8993 

±6 

.  46.5399 

-.000004 

. 465395 

±19 

9/15/49 

12 

. 128502 

35 

-.0061 

.9965 

-.  0959 

14.  8980 

+.  001 

+.  0004 

14.8984 

1 

Observations  of  Mo 


Date _ _  9/14/49  9/14/49  9/15/49  9/15/49 

Time _  a.  m.  p.  m.  a.  m.  p.  m. 

Mo _  0.9000  0.9005  0.9005  0.9015 


Mean=0.9006.  Standard  deviatio  1  of  the  mean=±0.0003. 


Table  36.  Series  XII,  capillary  1.4a 
[Calculation  of  the  pressure  drops] 


1 

2 

3 

4 

5 

6 

7 

8 

9 

10 

11 

12 

13 

14 

15 

16 

17 

Date 

Run 

Q 

Gage 

rod. 

Gage- 
rod  cor¬ 
rection 

Mq 

A 

he 

Ad 

Ah 

/l20 

h  20, 
means 

Stand¬ 
ard  devi¬ 
ation  of 
the  mean 

P20 

Correc¬ 
tion  for 
side  tube 

P 

Stand¬ 
ard  de¬ 
viation 
of  the 
mean 

Dynes/ 

Dynes/ 

cm3/sec 

in. 

in. 

in. 

in. 

°C 

in. 

in. 

in. 

in. 

Dynes/cm 2 

cm 1 

Dynes/cm 2 

cm 2 

9/26/49 

1 

0. 033674 

47 

+0.  0135 

0.0860 

+0.  8186 

3.  8321 

0.000 

0.  0000 

3.  8321 

i 

9/26/49 

5 

.  033674 

47 

.0135 

.0860 

+.  8186 

3.  8321 

.000 

.0000 

3.  8321 

}  3.8317 

±4X10-' 

0. 119688X10  6 

-0.  000001 

0.119687X10  6 

±14 

9/27/49 

9 

.033674 

47 

.0135 

.0870 

+.  8176 

3.8311 

-.001 

-.  0001 

3. 8310 

1 

9/26/49 

2 

. 072282 

42 

+.  0025 

.6180 

+.  2866 

8.  2891 

.000 

.0000 

8.2891 

) 

9/27/49 

6 

. 072282 

42 

.0025 

.6175 

+.2871 

8.  2896 

.000 

.0000 

8.  2896 

}  8. 2897 

±3 

.  258940 

-.000002 

. 258938 

±8 

9/27/49 

10 

. 072282 

42 

.0025 

.6170 

+.  2876 

8.  2891 

+.001 

+.0002 

8.  2903 

1 

9/26/49 

3 

. 096376 

39 

-.0053 

.7945 

+.1101 

11. 1048 

.000 

.0000 

11.1048 

] 

9/27/49 

7 

.  096376 

39 

-.0053 

.7945 

+.  1101 

11.1048 

.000 

.0000 

11.1048 

111.  1052 

±3 

.346885 

-.000003 

.346882 

±10 

9/27/49 

11 

.  096376 

39 

-.0053 

.  7935 

+.1111 

11. 1058 

+.001 

+.0003 

11.1061 

1 

9/26/49 

4 

.128502 

35 

-.  0061 

1.0000 

-.0954 

14.  8985 

.000 

.0000 

14. 8985 

1 

9/27/49 

8 

.128502 

35 

-.0061 

.9990 

-.0945 

14.  8995 

.000 

.0000 

14.  8995 

>14. 8988 

±3 

.  465383 

-.000004 

. 465379 

±8 

9/27/49 

12 

.128502 

35 

-.0061 

1.  0000 

-.0954 

14.  8985 

.000 

.0000 

14. 8985 

1 

Observations  of  Mo 


Date _  9/26/49  9/26/49  9/27/49  9/27/49 

Time _ _  a.  m.  p.  m.  a.  m.  p.  m. 

Mo- _ _  0.9050  0.9035  0.9055  0.9045 


Mean  value=0.9046.  Standard  deviation  of  mean=±0.0005 


Washington,  February  16,  1951. 


574278  0  -  61  -36 
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Precise  Measurements  With  Bingham  Viscometers  and 

Cannon  Master  Viscometers 

J.  F.  Swindells,  R.  C.  Hardy,  and  R.  L.  Cottington 

A  critical  study  has  been  made  of  the  techniques  used  at  the  National  Bureau  of  Stand¬ 
ards  with  Bingham  viscometers  and  Cannon  kinematic  viscometers.  All  corrections  appli¬ 
cable  to  measurements  with  these  instruments  were  critically  examined.  Instruments  of 
each  type  were  calibrated  using  the  -viscosity  of  water  at  20°  C  as  the  primary  viscosity 
standard.  The  viscometers  were  used  to  determine  the  viscosities  of  four  hydrocarbon 
liquids  in  the  range  0.4  to  40  centipoises.  With  each  liquid,  the  values  obtained  in  the 
two  types  of  viscometers  were  in  agreement  by  0.05  percent  or  better,  indicating  that  no 
gross  error  was  involved  in  the  use  of  either  instrument.  It  is  considered,  however,  that 
the  inherent  relative  simplicity  of  operation  of  the  kinematic  viscometer  makes  it  a  pref¬ 
erable  instrument  for  this  type  of  measurement. 


1.  Introduction 

As  the  result  of  a  recent  determination  [1]  \  the 
National  Bureau  of  Standards  on  July  1,  1953, 
adopted  the  value  of  1.002  centipoises  (cp)  for  the 
absolute  viscosity  of  water  at  20°  C  as  the  primary 
standard  for  viscosity  determinations.  The  Ameri¬ 
can  Society  for  Testing  Materials,  The  National 
Physical  Laboratory  in  England,  and  the  Physika- 
liscli  Technischen  Bundesanstalt  in  Germany  have 
concurred  in  this  action.  Previous  to  this,  the 
values  of  the  secondary  standards  of  viscosity  issued 
bv  the  Bureau  were  based  upon  1.005  cp  for  the 
viscosity  of  water  at  20°  C.  In  connection  with  the 
reevaluation  of  the  secondary  standards  on  the  basis 
of  the  new  value  for  water,  a  comparative  study  has 
been  made  of  the  use  of  two  types  of  viscometers  for 
relating  the  viscosities  of  other  liquids  to  that  of 
water  as  a  primary  standard.  Bingham  viscometers 
and  Cannon  viscometers  were  used,  and  comparisons 
were  made  of  the  viscosities  of  four  hydrocarbon 
liquids  in  the  range  0.4  to  40  cp  and  of  the  viscosity 
of  each  liquid  as  determined  in  each  type  of  instru¬ 
ment.  This  paper  presents  in  some  detail  the 
techniques  used  in  making  these  determinations  to 
describe  the  methods  employed  in  evaluating  the  Na¬ 
tional  Bureau  of  Standards  standard  viscosity  sam¬ 
ples  and  to  call  attention  to  the  magnitude  of  certain 
corrections  often  neglected  in  viscometry.  The  ex¬ 
tension  of  these  techniques  to  the  calibration  of 
viscometers  with  larger  capillaries  suitable  for  the 
measurement  of  the  viscosities  of  more  viscous 
liquids  is  relatively  simple  and  involves  the  same 
methods  as  are  covered  here. 

2.  The  Bingham  Viscometer 

2.1.  General 

A  short  treatment  of  the  use  of  the  Bingham 
viscometer,  shown  diagrammatically  in  figure  1,  has 
been  given  previously  [2],  and  it  will  be  assumed  that 

>  Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 


the  reader  has  some  familiarity  with  the  instrument. 
With  the  usual  procedure,  pressure  is  applied  to  the 
right  limb  of  the  viscometer,  and  the  rate  of  flow  is 
determined  by  measuring  the  time  required  for  the 
meniscus  in  the  left  limb  to  pass  from  the  fiducial 
mark  d  to  mark  c.  To  avoid  the  necessity  for  drain¬ 
age  corrections,  each  determination  is  made  with  the 
bulb  A  initially  dry.  This  is  accomplished  by  intro¬ 
ducing  the  sample  into  bulb  B  with  a  special  pipet, 
sufficient  liquid  being  added  to  fdl  the  viscometer 
between  the  marks  d  and  g  at  the  test  temperature. 
With  the  exception  of  certain  calibration  runs  with 
water,  the  viscometer  is  cleaned  and  a  fresh  sample 
is  introduced  for  each  measurement.  By  this  pro¬ 
cedure  the  volume  of  flow  is  kept  constant  for  each 
instrument  regardless  of  the  viscosity  or  rate  of  flow. 

Pressure  is  applied  to  the  liquid  in  the  viscometer 
by  air  supplied  from  a  tank  having  a  capacity  (about 
60,000  cm3)  sufficiently  large  that  the  increase  in  vol¬ 
ume  (about  4  cm3)  in  the  pressure  system  during  the 
flow  of  liquid  from  bulb  B  causes  no  significant  re¬ 
duction  in  pressure.  The  tank  is  thermally  insu¬ 
lated  to  prevent  rapid  changes  in  its  temperature 


Figure  ] .  Bingham  viscometer. 
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with  fluctuations  in  the  ambient  temperature.  In 
general,  pressures  above  150  mm  Hg  are  read  with  a 
mercury  manometer,  a  water  manometer  being  used 
for  lower  pressures;  differences  in  liquid  levels  in  the 
manometer  up  to  600  mm  are  read  with  a  cathetom- 
eter  and  greater  differences  are  read  by  using  a  cal¬ 
ibrated  steel  tape  and  reading  telescopes.  The 
heights  were  read  to  about  0.02  mm  with  the  cathe- 
tometer  and  0.1  mm  with  the  steel  tape. 

Times  of  flow  are  measured  using  a  stopclock  oper¬ 
ated  from  a  const  ant -frequency  source  of  power. 

All  of  the  flow  measurements  reported  here  were 
made  with  the  viscometers  immersed  in  a  well-scirred, 
30-gal  oil  bath  wdiose  temperature  was  controlled  by 
supplying  a  heater  from  the  output  of  a  manually 
adjusted  variable  transformer.  When  operating  be¬ 
low  ambient  temperature,  heat  was  taken  from  the 
bath  through  cooling  coils  in  which  cold  water  was 
circulated  at  a  constant  rate.  Temperatures  were 
measured  with  a  resistance  thermometer,  and  their 
recorded  values  are  believed  to  be  accurate  to 
±0.002°  C. 

2.2.  Calibration 

The  usual  form  of  the  modified  Poiseuille  equation 
for  the  calculation  of  viscosity  by  the  capillary 
method  is 

__  ir7APt  mpV  . 

71  8V(l+nr) 

where 


m. 


V, 


r= radius  of  capillary 

P=mean  effective  pressure  drop  through  the 
capillary 

V=  volume  between  fiducial  marks 
/.=time  for  volume  V  to  flow 
Z=length  of  capillary 

n= coefficients  associated  with  the  flow  at  the 
ends  of  the  capillary 

p=the  absolute  viscosity  and  density  of  the 
liquid  whose  viscosity  is  to  be  deter¬ 
mined: 


As  over  a  considerable  range  of  rates  of  flow,  m  and  n 
can  be  taken  as  constant  for  capillaries  having  square- 
cut  ends  [3],  certain  of  the  quantities  in  eq  (1)  are 
usually  grouped  to  give  two  constants  for  the  instru¬ 
ment.  Equation  (1)  then  takes  the  form 

v=CPt—C'p/t,  (2) 

where 

n_  7rr ^  anfi  £>"_ _ m^r 

8 V(l+nr)  ai  a  °  8t r{l+nr) 

With  viscometers  having  capillary  bores  small  enough 
for  calibration  with  water,  these  two  constants  are 
commonly  evaluated  by  measuring  the  times  of  flow 
of  water  at  20°  C  for  various  applied  pressures. 
The  product  Pt  is  plotted  against  l/t,  and  C  and  C' 


arc  evaluated  from  the  resulting  straight  line  by  in¬ 
troducing  known  values  for  r?  and  p.  For  the  two 
water-calibrated  viscometers  used  in  the  work  re¬ 
ported  here,  however,  it  was  found  that  such  plots 
did  not  yield  straight  lines  over  the  complete  range 
of  rates  of  flow  in  which  the  instruments  were  to  be 
used,  indicating  that  m  and  n  were  both  varying,  and 
consequently  C  and  C'  could  not  be  treated  as  con¬ 
stants.  For  this  reason  and  for  simplicity,  the 
purely  empirical  formula, 

V=fPt,  (3) 

was  used  with  the  viscometers.  In  this  equation,  / 
is  a  multiplying  factor  that  varies  with  the  condi¬ 
tions  of  flow.  It  is  convenient  to  assume  that  the 
conditions  peculiar  to  a  given  rate  of  flow  are  char¬ 
acterized  by  the  corresponding  value  of  the  Reynolds 
number  as  calculated  for  the  flow  in  the  capillary 
(E—2Vp/Trnrjt),  and  therefore  /  will  have  a  definite 
value  for  each  value  of  the  Reynolds  number.  The 
calibration  of  these  instruments,  then,  consists  of 
determining  the  value  of  /  as  a  function  of  the  Reyn¬ 
olds  number. 

Although  the  Bingham  viscometer  is  designed  to 
minimize  the  effect  of  hydrostatic  head  in  the 
instrument,  actually  small  head  corrections  to  an 
applied  external  pressure,  p0,  are  necessary  to  give  an 
exact  value  of  P.  The  first  correction,  which  will  be 
called  the  level  head,  arises  from  the  fact  that, ‘despite 
careful  construction,  the  two  bulbs  (A  and  B  in  fig.  1) 
will  not  be  geometrically  identical  and  at  the  same 
level.  This  condition  results  in  a  residual  hydro¬ 
static  head  that  is  of  the  same  magnitude  but 
opposite  sign  for  flow  right  to  left  (R-L)  and  left  to 
right  (L-R)  in  the  viscometer.  The  correction  is 
largely  independent  of  the  magnitude  of  the  applied 
external  pressure  but  is  proportional  to  the  density 
of  the  liquid.  The  level  head  was  evaluated  in  this 
work  by  making  flow  measurements  in  the  L-R 
direction  and  then  repeating  in  the  R-L  direction, 
using  approximately  the  same  applied  pressure.  The 
runs  were  made  at  the  lowest  applied  pressure  that 
could  be  accurately  measured,  and  under  conditions 
chosen  to  insure  that  the  volume  of  flow  was  the 
same  in  each  direction.  Under  these  conditions,  the 
difference  in  the  time  of  flow  for  the  two  directions 
was  attributed  to-  a  corresponding  difference  in 
pressure.  Then,  knowing  the  applied  pressures,  the 
magnitude  of  the  correction  was  calculated. 

A  second  head  correction,  which  becomes  very 
significant  at  low  values  of  the  applied  pressure,  is 
the  commonly  termed  logarithmic  head  correction. 
If  we  neglect  for  the  moment  the  level  head  discussed 
above,  the  initial  pressure  drop  through  the  capillary 
is  Popx,  where  x  is  the  initial  hydrostatic  head  of 
liquid,  and  the  final  pressure  is  p0—x,  but  the  mean 
effective  pressure  is  not  exactly  p0,  the  arithmetic 
mean  of  the  two,  since  the  higher  pressures  during 
the  first  part  of  the  run  cause  more  rapid  flow  and 
are  therefore  effective  for  a  proportionately  shorter 
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time.  For  bulbs  of  regular  shape,  however,  the 
effective  pressure  is  readily  calculable.  For  this 
work,  the  calculations  were  made  by  using  Barr’s 
equation  [4],  This  equation  is  written  P(l-\-y2/10 
+  2/73' 5  4-  .  .  . )  [approximately,  where  y— 
x/pQ.  Barr  states  that  this  equation  is  derived  “for 
a  bulb  that  has  the  form  of  a  pair  of  opposed  cones, 
each  of  a  height  equal  to  the  radius  of  the  common 
base,  discharging  into  air,  or  for  such  a  bulb  dis¬ 
charging  symmetrically  into  a  similar  one,  as  in 
Bingham’s  viscometer”.  The  correctness  of  this 
Expression  was  verified  in  an  independent  derivation, 
but  because  the  radius  of  the  common  base  dropped 
out  in  the  derivation,  it  is  concluded  that  the  ex¬ 
pression  holds  for  cones  of  any  heigh t-to-base  ratio. 
It  is  of  importance  to  note  in  connection  with  runs 
at  low  pressures,  that  the  logarithmic  head  is  a 
function  of  the  ratio  of  the  initial  and  final  pressures, 
and  therefore  it  increases  in  absolute  magnitude  as 
the  applied  pressure  is  reduced.  The  sign  of  the 
correction  is  always  negative,  no  matter  which 
direction  of  flow  is  being  used  in  the  viscometer,  and 
therefore  it  does  not  affect  the  determination  of  the 
level  head,  as  described  above. 

The  design  of  the  Bingham  viscometer  is  such  as 
to  minimize  the  effect  of  surface  tension  upon  P. 
Calculations  of  the  net  contribution  of  surface  tension 
to  the  mean  effective  pressure  indicate  a  maximum 
correction  of  about  0.001  mm  Hg,  which  was  ne¬ 
glected  in  this  work. 

A  more  complete  discussion  of  the  above  correc¬ 
tions  is  given  by  Barr  [3,  chap.  3]. 

The  three  Bingham  viscometers  used  are  identified 
in  table  1.  Of  these,  viscometers  1  and  20  were 
calibrated  with  water,  whereas  number  5  was  cali¬ 
brated  subsequently  by  using  two  hydrocarbon  oils 
whose  viscosities  were  determined  in  viscometers  1 
and  20.  In  making  the  calibration  runs  with  water 
an  exception  was  made  to  the  usual  procedure  of 
flowing  into  a  dry  bulb,  most  of  the  runs  being  made 
with  the  fiducial  bulb  wet.  Following  each  R-L 
run,  the  liquid  was  drawn  back  at  such  a  rate  as  to 
require  about  80  sec  with  viscometer  No.  1,  and  120 
sec  with  No.  20  for  the  fiducial  bulb  to  empty.  After 
allowing  about  18  min  for  further  drainage  from  the 
walls  of  the  bulb,  another  R-L  run  was  started.  In 
this  manner  a  reproducible  volume  of  flow  was 
obtained  without  the  necessity  of  drying  the  instru¬ 
ment.  between  runs.  The  difference  between  the 
volume  of  flow  under  this  wet-bulb  condition  and  the 
true  volume  of  the  fiducial  bulb  was  obtained  from 
the  differences  in  the  product  Pt  between  wet  and 

Table  1.  Essential  dimensions  of  Bingham  viscometers 


Viscometer 

Capillary 

Volume 
of  flow 

Radius 

Length 

cm 

cm 

cm 3 

1  . ... 

0.012 

10.2 

3.96 

20 _ 

.011 

12.3 

5.07 

5 . . ... 

.017 

10.0 

4.00 

dry-bulb  runs  made  with  the  same  applied  pressure. 
On  this  basis,  all  the  wet-bulb  runs  were  corrected  to 
dry-bulb  conditions. 

The  calibration  data  obtained  with  water  at  20°  C 
for  viscometers  1  and  20  are  given  in  appendices  7.1 
and  7.2.  All  runs  were  made  in  the  R-L  direction, 
except  for  the  few  special  runs  made  for  the  deter¬ 
mination  of  the  level  head  corrections.  From  these 
data  the  plots  of  Pt  versus  R  given  in  figures  2  and  3 
were  constructed.  Each  plotted  point  represents 
the  mean  of  at  least  two  runs  made  at  approximately 
the  same  pressure.  For  each  viscometer,  it  is  seen 
that  the  plot  is  not  linear  at  certain  values  of  R, 
as  was  mentioned  previously.  Since  the  data  are 
not  adequate  to  position  accurately  the  curves  at 
the  lowest  Reynolds  numbers,  the  lines  were  drawn 
horizontal  in  this  region  on  the  basis  of  theoretical 
considerations  15].  From  these  curves  values  of 
Pt  corresponding  to  selected  values  of  R  were  ob¬ 
tained  and,  taking  17  =  0.01002  poise,  were  substituted 


Figure  2.  Pt  as  a  function  of  Reynolds  number  for  Bingham 
viscometer  number  1. 


Figure  3.  Pt  as  a  function  of  Reynolds  number  for  Bingham 
viscometer  number  20. 
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Fi  cure  4.  Calibration  curve  for  Bingham  viscometer  number  1 . 


R 


Figure  5.  Calibration  curve  for  Bingham  viscometer  number 

20. 

in  eq  (3)  to  calculate  corresponding  values  of  f. 
The  values  of  /  were  then  plotted  as  a  function  of  i?, 
yielding  the  calibration  curves  for  viscometers  1  and 
20  shown  in  figures  4  and  5,  respectively. 

To  calculate  the  unknown  viscosity  of  a  liquid 
from  flow  data  obtained  in  one  of  these  viscometers, 
it  is  necessary  to  choose  a  value/ from  the  calibration 
curve  corresponding  to  a  tentative  value  of  the 
Reynolds  number  based  on  an  estimate  of  the  vis¬ 
cosity  of  the  unknown.  If  the  viscosity  value 


calculated  by  substituting  this  value  of  /,  together 
with  the  measured  values  of  P  and  t,  in  eq  (3)  differs 
materially  from  the  first  estimate  of  the  viscosity, 
a  second  calculation  is  required. 

Viscometer  No.  5  was  calibrated  with  oils  A  and 
B  (to  be  identified  later),  using  values  of  their  vis¬ 
cosities  as  determined  in  viscometers  1  and  20. 
These  calibration  data  are  given  in  appendix  7.3. 
As  all  calibrating  runs  and  viscosity  measurements 
made  in  viscometer  5  were  at  Reynolds  numbers 
less  than  10,  it  was  assumed  that  f  in  eq  (3)  was 
constant  for  this  viscometer  under  these  conditions. 
The  level  head  was  measured  and  the  logarithmic 
head  calculated  for  this  viscometer  as  outlined 
previously. 

2.3.  Results  with  Bingham  Viscometers 

The  viscosities  of  normal  heptane  and  three 
additive-free  hydrocarbon  oils  were  measured  at 
20°  C.  The  mean  results  are  given  in  table  2,  and 


Table  2.  Results  at  20°  C  with  Bingham  viscometers 


Oil 

Visco¬ 

meter 

R 

V 

t],  mean 

n-IIeptane.  _ . 
Do _ 

1 

20 

98.9 

154.3 

cp 

0.4112 

.4110 

} 

cp 

0.4111 

A _ 

A _ 

1 

20 

28.  2  and  2. 4 
18.1 

1.  9250 
1.9251 

) 

1.9250 

B _ 

B _ 

c- 

1 

20 

5 

2.4 

1.5 

0.  2  and  0. 5 

7.609 

7.610 

42. 82 

} 

7.610 

42. 82 

data  from  individual  runs  in  appendix  7.4.  Normal 
heptane  was  included  to  furnish  comparative  results 
with  a  liquid  whose  viscosity  is  less  than  that  of 
water.  The  heptane  was  not  of  highest  purity,  but 
was  taken  from  a  lot  which  met  specifications  for  a 
primary  reference  fuel  for  the  determination  of  octane 
number  [6]  and  was  at  least  99.5  percent  pure. 
The  viscosities  of  n-heptane  and  oils  A  and  B  were 
determined  in  viscometers  1  and  20,  employing  the 
normal  procedure  of  running  in  the  R-L  direction 
with  the  fiducial  bulb  initially  dry.  Oil  A  was  run 
at  as  high  and  as  low  Reynolds  numbers  as  was 
practical.  Higher  applied  pressures  were  avoided 
because  experience  has  shown  that  oils  as  light  as  A 
dissolve  air  rather  rapidly  under  these  conditions, 
with  a  consequent  lowering  of  their  viscosities. 
Conditions  for  the  other  runs  were  chosen  to  strike 
a  balance  between  optimum  conditions  for  accurate 
measurement  of  pressure  and  of  time.  In  calculat¬ 
ing  the  viscosities,  small  corrections  were  made  to 
account  for  the  change  of  viscosity  of  the  oils  with 
pressure.  Observed  viscosities  were  reduced  to  a 
pressure  of  1  atm,  as  described  elsewhere  [2],  by 
adding  a  second  term  to  eq  (3),  which  then  becomes 

ri—jPt  FP  77,  (4) 
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where  F  is  a  factor  representing  the  fractional  change 
in  7?  for  unit  change  in  pressure.  Good  agreement 
was  found  between  results  obtained  in  the  two 
viscometers  1  and  20,  the  largest  discrepancy  being 
0.05  percent  with  n-heptane.  In  addition,  results 
obtained  with  oil  A  in  viscometer  1  at  11  =  28.2  and 
7?=2.4  were  in  equally  good  agreement  (see  ap¬ 
pendix  7.4),  which  tends  to  confirm  the  shape  of  the 
calibration  curve  at  the  lower  range  of  Reynolds 
numbers  (fig.  4). 

Runs  made  with  oil  C  in  viscometer  5  at  high  and 
at  low  pressures  were  in  good  agreement  (see  appen¬ 
dix  7.4),  indicating  that  the  corrections  applied  for 
change  of  viscosity  with  pressure  are  not  in  serious 
error. 


3.  The  Cannon  Viscometer 

3.1.  General 

In  outline,  the  techniques  used  at  the  National 
Bureau  of  Standards  with  the  Cannon  viscometers, 
shown  in  figure  6,  are  substantially  as  described  by 
Cannon  [7],  the  principal  differences  consisting  of  a 
more  rigorous  treatment  of  the  various  corrections 
to  be  applied  to  the  observed  data.  With  instru¬ 
ments  of  the  kinematic  type  the  value  of  P  applicable 
to  eq  (1),  neglecting  surface  tension  effects,  is 
given  by 

P=hg(p—  Pa),  (5) 

in  which  h  is  the  mean  effective  head,  p  is  the  liquid 
density,  and  pa  is  the  mean  density  of  the  air  column 
in  the  left  arm  of  the  viscometer,  as  shown  in  figure  6 . 
For  application  to  the  Master  viscometers,  eq  (1) 
then  becomes 

v_  *>Ag  h  ( ,  Pa\.  mV  (a) 

p  8  V(l-\-nr)  \  p  )  8ir (l+nr)t 


Figure  6.  Cannon  Master  viscometer. 

at  a.  location  other  than  where  it  is  calibrated.  If 
we  let  Kc  be  the  determined  value  of  K  under  the 
particular  hydrostatic  head  at  calibration,  we  can 
find  from  it  the  value  of  K  under  other  test  condi¬ 
tions  by  calculating  changes  in  h  and  (1  —  pjp). 
Since  a  change  in  (1  —  pjp)  is  equivalent  to  a  change 
in  h,  it  is  grouped  with  the  other  factors  which 
affect  h.  For  any  test  condition,  eq  (7)  may  then 
be  written 


If  we  let 


and 


vPg 

8  V(l-\-nr) 


h 


eq  (6)  becomes 


m  V 

87r(/-f  nr) 


B, 


(7) 


It  is  apparent  that  K  and  B  will  not  be  constant  for 
all  test  conditions,  but  their  values  will  reflect  any 
variations  in  m  and  n  with  Reynolds  number.  As 
is  done  with  the  Bingham  viscometers,  these  changes 
in  m  and  n  are  implicitly  determined  experimentally 
as  a  part  of  the  viscometer  calibration.  In  addition, 
the  value  of  K  changes  with  any  change  in  h  or 
(1  —palp),  and  a  small  correction  for  variation  in  the 
value  of  g  may  be  required  if  the  instrument  is  used 


in  which  Ah  is  the  difference  in  effective  head  between 
test  and  calibrating  conditions,  and  is  made  up  of 
the  sum  of  A hu  A h2,  etc.,  arising  from  the  several 
factors  involved.  In  practice  it  is  convenient  to 
treat  K  as  a  constant  equal  to  Kc,  and  to  apply  the 
corrections  to  the  time  of  flow  t.  The  viscosity  is 
calculated  by  means  of  the  equation 

^=K,tc- j>  (9) 

p  t 


in  which  tc=t(\-\-Ah/h) . 

Of  the  factors  affecting  h,  the  filling  volume  will 
be  considered  first.  To  introduce  a  reproducible 
volume  of  liquid  into  the  viscometer,  the  viscometer 
and  the  liquid  must  both  be  at  some  standard  tem¬ 
perature  (20°  C  for  this  work)  each  time  the  vis¬ 
cometer  is  charged.  To  obviate  the  inconvenience 
of  this  procedure,  fillings  are  made  at  ambient  tem¬ 
perature,  which  is  observed,  and  an  appropriate 
correction,  A  hi,  is  then  calculated  to  account  for 
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any  difference  between  the  filling  at  the  observed 
temperature  and  a  standard  filling  at  a  temperature 
of  20°  C.  The  calculation  of  this  correction  is 
similar  to  that  of  A h2,  which  follows. 

A  second  factor  affecting  h,  which  gives  rise  to  a 
correction  A h2.  is  the  change  in  effective  head  with 
differences  between  the  calibration  temperature  and 
that  of  subsequent  runs.  The  calculation  of  this 
correction  is  based  on  the  cubical  expansion  of  the 
viscometer  and  test  liquid,  together  with  the  mean 
diameter  of  the  working  part  of  reservoir  C,  figure 
6,  [8].  For  the  most  precise  work  an  accurate 
knowledge  of  the  internal  diameter  of  C  is  necessary. 
This  measurement  was  made  by  plugging  the  lower 
end  of  the  capillary  with  wax  and  then  filling  the 
bottom  part  of  the  viscometer  with  mercury  to  a 
low  level  in  C.  Weighed  increments  of  mercury 
were  added,  and  the  resulting  increases  in  level 
in  C  were  measured  with  a  depth  gage,  from  which 
data  a  mean  internal  diameter  was  calculated. 

From  differences  in  the  factor  (l  —  pjp)  between 
calibrating  and  operating  conditions  a  A h3  is  calcu¬ 
lated.  The  density  of  the  air  in  the  viscometer  is  a 
function  of-  the  temperature  and  amount  of  water 
vapor  present,  neither  of  which  is  known  accurately, 
but  no  serious  errors  are  introduced  by  assuming  the 
air  to  be  50-percent  saturated  and  at  the  test  tem¬ 
perature. 

The  factor  most  difficult  to  evaluate  is  the  varia¬ 
tion  of  the  mean  head  with  surface  tension.  In  the 
work  reported  here,  viscosity  measurements  of  oils 
made  in  water-calibrated  viscometers  required  the 
most  careful  estimates  of  the  effects  of  surface  ten¬ 
sion.  In  the  case  of  water,  the  contribution  of 
surface  effects  to  the  effective  head  was  determined 
experimentally  and  also  calculated.  The  experi¬ 
mental  determination  was  made  with  a  glass  bulb 
blown  as  nearly  as  possible  to  the  size  and  shape  of 
the  fiducial  bulb  in  the  viscometer.  The  bulb  was 
connected  through  a  U-shaped  tube  to  a  cylindrical 
glass  tube  about  1  cm  in  diameter  and  held  vertically 
close  to  the  side  of  the  bulb.  The  bulb  and  tube 
were  then  mounted  in  a  small  bath  of  oil  having  close 
to  the  same  index  of  refraction  as  the  bulb.  Water 
was  introduced  into  the  tube  until  the  level  stood  in 
the  neck  at  the  bottom  of  the  bulb.  The  difference 
between  the  liquid  levels  in  bulb  and  tube  was  then 
measured  with  a  micrometer  microscope  mounted 
for  vertical  measurements.  From  this  difference 
and  a  calculated  value  for  the  capillary  rise  in  the 
cylindrical  tube,  the  rise  at  this  particular  level  in 
the  bulb  was  obtained.  The  calculation  of  the  rise 
in  the  cylindrical  tube  was  made  by  using  Sugden’s 
table  19].  A  known  volume  of  water  was  then  added 
and  the  measurements  repeated.  The  portion  of  the 
added  volume  going  into  the  bulb  was  the  difference 
between  the  added  volume  and  the  volume  increase 
in  the  tube  as  calculated  from  the  change  in  level  in 
the  tube.  This  process  was  repeated,  taking  about 
20  increments  of  volume  to  fill  the  bulb.  From 
these  data  and  a  measured  value  of  the  head  in  the 
viscometer  at  a  known  level  in  the  bulb,  a  value  of 


the  mean  head  in  an  interval,  hi}  was  estimated  for 
each  of  the  20  intervals.  Then,  knowing  the  volume, 
AT”,  and  the  capillary  rise,  hy,  for  each  interval, 
terms  of  the  form  A 1 Vf7//tf  were  calculated  for  each 
interval.  The  quotient 


^  h, 


then  gave  a  time-weighted  mean  value  for  the  capil¬ 
lary  rise  in  the  bulb  as  a  whole.  The  rise  in  the 
cylindrical  lower  reservoir  was  calculated  by  using 
Sugden’s  table  and  subtracted  from  the  mean  value 
for  the  bulb  to  get  a  net  effect  for  water  in  the 
viscometer.  The  same  techniques  were  used  to 
determine  a  net  value  of  the  surface  tension  for  each 
of  the  oils  tested.  From  the  difference  between 
water  and  oil,  a  correction,  A h4,  was  calculated  for 
application  to  data  obtained  with  oil. 

The  net  surface  tension  effect  for  water  in  the 
viscometer  was  also  obtained  by  calculation  alone. 
For  this  purpose,  a  vertical  section  through  the 
fiducial  bulb  was  plotted  on  a  large  scale  as  accurately 
as  possible.  The  bulb  was  then  divided  into  13 
sections,  and  a  value  of  AVhy/hi  was  calculated  for 
each.  With  the  aid  of  Basliforth  and  Adams’  tables 
110],  each  value  of  AT”  was  calculated  by  using  the 
geometry  of  the  bulb  as  plotted  and  the  calculated 
change  in  meniscus  volume  between  the  top  and 
bottom  of  the  section.  The  tables  were  also  used 
in  calculating  hy  for  each  section.  This  method  has 
been  given  in  more  detail  by  Barr  [11],  The  mean 
value  for  the  bulb  was  obtained  weighting  each 
section  with  respect  to  time,  as  was  done  in  the 
experimental  method.  The  calculations  yielded  a 
value  within  0.01  percent  of  the  experimental  result, 
which  lent  confidence  to  both  methods.  Because 
of  limited  range  of  Basliforth  and  Adams’  tables, 
the  calculation  could  not  be  made  for  the  oils. 

Thus  far  in  the  treatment  of  the  factors  affecting 
K  in  eq  (7),  it  has  been  assumed  that  the  volume  of 
flow,  V,  is  constant  under  all  conditions.  For 
application  to  the  work  reported  here,  the  validity 
of  this  assumption  was  carefully  tested.  Bulbs 
similar  in  size  and  shape  to  the  fiducial  bulbs 
in  the  Cannon  viscometers  were  blown  with  capil¬ 
lary  stems  about  1  cm  long  above  and  below 
the  bulb.  To  detect  differences  in  the  volume  of 
flow  of  water  and  the  several  oils  from  a  bulb, 
a  capillary  was  attached  below  the  bulb  with  neo¬ 
prene  tubing  so  that  the  Dulb  could  be  quickly  dis¬ 
connected.  The  capillary  bore  was  selected  to  give 
about  the  same  time  of  flow  for  a  particular  liquid 
as  was  found  in  the  Cannon  viscometer.  By  weigh¬ 
ing  the  test  bulb  empty  and  again  after  a  liquid  had 
been  run  from  it  at  the  rate  controlled  by  the 
resistance  of  the  capillary,  the  volume  of  liquid 
remaining  on  the  walls  of  the  bulb  was  obtained. 
From  the  difference  between  results  obtained  with 
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a  calibrating  liquid  and  a  test  liquid,  a  correction  to 
Kc  could  be  calculated.  Only  one  instance  of  a 
correction  as  large  as  0.01  percent  was  found,  and 
this  so-called  drainage  correction  was  applied. 

The  viscometer  is  filled  by  holding  it  in  an  inverted 
position  with  the  end  of  the  upper  capillary  immersed 
in  the  liquid  under  test.  Liquid  is  drawn  into  the 
viscometer  by  applying  suction  to  the  other  arm 
until  the  level  reaches  a  position  slightly  beyond  the 
mark  F  (fig.  6).  Applying  just  enough  suction  to 
hold  the  liquid  level  at  approximately  this  position, 
the  upper  capillary  is  lifted  from  the  liquid  and  the 
operator’s  finger  is  placed  over  its  end.  With  the 
instrument  still  inverted,  excess  liquid  is  carefully 
bled  out  of  the  capillary  past  the  finger  tip  until 
the  liquid  level  reaches  F.  The  viscometer  is  then 
returned  to  its  normal  upright  position,  and  the  finger 
is  removed  with  a  gentle  wiping  action.  In  this  man¬ 
ner  a  reproducible  filling  volume  is  introduced. 
After  filling  the  viscometer  it  is  mounted  in  its  bath, 
and  sufficient  time  is  allowed  for  the  fiducial  bulb 
B  to  empty  and  for  the  sample  to  come  to  the  bath 
temperature  before  starting  a  test-.  To  make  a 
determination,  the  liquid  is  pushed  up  under  17- 
mm-Hg  air  pressure  until  the  upper  meniscus  stands 
about  5  mm  above  the  mark  at  the  top  of  bulb  B. 
The  air  pressure  is  then  released,  and  the  time  for 
bulb  B  t-o  empty  is  observed.  With  relatively  low 
viscosity  oils,  raising  the  liquid  with  vacuum  at  the 
start  of  a  run  sometimes  results  in  a  time  of  flow 
slightly  higher  than  when  air  pressure  is  used.  Such 
differences  are  attributed  to  the  removal  of  air  from 
the  sample  under  reduced  pressure.  It  is  therefore 
considered  better  technique  to  use  air  pressure  as 
any  change  in  the  amount  of  air  dissolved  in  the  oil 
will  start  at  the  surface  farthest  removed  from  the 
liquid  passing  through  the  capillary. 

When  the  liquid  is  pushed  up  at  the  start  of  a  run, 
the  meniscus  level  in  reservoir  C  is  lowered,  leaving 
some  liquid  behind  on  the  walls.  The  amount  of 
liquid  left-  on  the  walls  influences  the  level  in  C  and 
hence  the  value  of  h.  By  always  using  the  same 
pressure  in  pushing  the  liquid  up,  the  level  in  C 
is  lowered  at  a  rate  inversely  proportional  t-o  the 
liquid  viscosity,  which  leaves  about  the  same  amount 
of  liquid  on  the  walls  for  each  test.  Calculations 
indicate  that  this  procedure  eliminates  significant 
variations  in  h. 

3.2.  Calibration  and  Results 

The  calibration  of  the  Cannon  viscometers  con¬ 
sists  in  evaluating  Kc  and  B  in  eq  (9).  To  illustrate 
the  method,  eq  (9)  is  rewritten 

do) 

P*c  tc 

in  which  t2  is  substituted  for  tct  without  detectable 
error.  Liquids  having  different-  kinematic  viscosities 
(rj/p)  are  run  in  the  viscometer,  and  values  of  rj/(pfc) 
are  plotted  against  1/t2.  Values  of  Kc  and  B  are 


then  obtained  from  the  resulting  curve.  As  un¬ 
published  results  in  this  and  ot-lier  laboratories  have 
shown  that-  B  may  not  remain  constant  over  the 
useful  range  of  Reynolds  numbers  for  this  type  of 
viscometer,  the  calibration  must  embrace  the-  range 
in  which  the  instrument  is  to  be  used.  In  practice, 
therefore,  the  calibration  curve  consists  of  a  plot  of 
v/(ptc)  as  a  function  of  1  /t2c  or  /?,  and  for  a  particular 
viscosity  determination  values  of  Kc  and  B  are 
obtained  from  the  curve  at  the  appropriate  value  of 
l It2  or  Pi. 

The  four  Cannon  viscometers  used  in  this  work  are 
identified  in  table  3.  Of  these,  M25-1  and  M25-2 
were  calibrated  with  water,  whereas  M104  and  Ml05 
were  calibrated  subsequently  with  two  hydrocarbon 
oils  whose  viscosities  were  determined  in  M25-1  and 
M25-2.  The  calibration  data  obtained  with  M25-1 
and  M25-2  are  given  in  appendix  7.5,  and  from 
these  data  the  calibration  curves  in  figure  7  were 
plotted. 

The  curves  were  arbitrarily  drawn  through  the 
values  of  v/(ptc )  at  Reynolds  numbers  of  about  15, 
which  were  obtained  with  water  at  20°  C,  because  a 
value  for  the  viscosity  of  water  at  20°  C  was  taken 
as  the  primary  standard  for  calibration.  The  points 
at-  higher  Reynolds  numbers  were  obtained  with 
water  at  40°,  60°,  and  80°  C.  The  values  used  for 
the  properties  of  water  at  these  temperatures  are 
given  in  appendix  7.6.  As  Kc  refers  t-o  the  conditions 
existent  with  water  at  20°  C,  times  of  flow  obtained 
at  the  higher  temperatures  were  corrected  by  appro¬ 
priate  values  of  the  factor  (l^Ah/h)  in  eq  (8). 

It  is  evident  that-  the  value  of  B  is  zero  (m  =  0)  for 
these  two  viscometers  up  to  a  Reynolds  number  of 
at  least  110.  Because  they  were  used  at  values  of 
R  never  exceeding  50,  the  determinations  made  in 
these  instruments  were  calculated  by  means  of  the 
equation 


-=Kctc.  (11) 
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Figure  7.  Calibration  curves  for  Cannon  viscometers  numbers 
M25-1  and  M25-2. 
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Table  3.  Essential  dimensions  of  Cannon  viscometers 


— 

Viscometer 

l 

r 

V 

h 

Filling 

volume 

Radius  of 
reservoir 

cm 

cm 

cm3 

cm 

cm3 

cm 

M25-1 _ 

44.5 

0.0180 

3. 11 

40.5 

6.85 

1.52 

M  25-2 _ 

44.5 

.0185 

3. 13 

46.  3 

6.  77 

1.  50 

Ml  04  _ 

44.  3 

.  0294 

3.  64 

46.  6 

7.68 

1.53 

Ml  05 _ 

44.5 

.  0293 

3.54 

46.6 

7.53 

1.55 

Viscometers  M104  and  M105  were  calibrated  with 
oils  A  and  B,  using  values  of  their  viscosities  as  deter¬ 
mined  in  M25-1  and  M25-2.  The  calibration  data 
are  given  in  appendix  7.7.  These  viscometers  were 
calibrated  and  used  at  i?<10,  and  hence  it  was 
assumed  that  B— 0  and  eq  (11)  was  applicable. 
For  consistency,  the  values  of  Kc  for  these  viscom¬ 
eters  were  also  calculated  for  the  conditions  that 
would  exist  with  water,  even  though  water  was  never 
run  in  these  viscometers.  The  values  of  the  viscos¬ 
ites  of  n-heptane  and  the  three  mineral  oils,  as  deter¬ 
mined  in  the  Cannon  viscometers,  are  given  in  table 
4.  Detailed  calculations  are  given  in  appendix  7.8. 
In  table  4,  kinematic  viscosities  are  converted  to 
absolute  units  for  comparison  with  the  measurements 
made  in  the  Bingham  viscometers.  The  results 
obtained  independently  in  the  two  types  of  viscom¬ 
eters  are  in  good  agreement,  the  largest  discrepancy 
being  1  part  in  2,000  in  the  case  of  n-heptane.  As 
the  techniques  employed  and  the  nature  of  the  cor¬ 
rections  applied  are  quite  different  with  the  two  types 
of  instruments,  it  is  not  likely  that  similar  errors  are 
involved  in  both  methods.  Hence,  there  is  indica¬ 
tion  that  the  treatments  of  the  data  obtained  in  both 
types  of  viscometers  are  free  of  gross  error. 


Table  4.  Results  at  20°  C  with  Cannon  viscometers  compared 
with  Bingham  results 


Oil 

Viscom¬ 
eter  ■ 

v/p 

>j/p  mean 

P 

V 

v,  by 
Bingham 

n-Heptane 
Do _ 

M25-1 

M25-2 

0. 60070 
. 60069 

cs 

j  0.60070 

g/ern 3 

0. 6841 

cp 

0.  4109 

cp 

0.4111 

A _ 

A _ 

M25-1 

M25-2 

2. 4641 

2.  4645 

}  2.4643 

.78110 

1.9249 

1.9250 

B _ 

B _ 

M25-1 

M2o-2 

9. 1809 

9. 1815 

|  9. 1812 

.  82907 

7.612 

7.610 

C _ 

M104 

49. 583 

}l9. 584 

.8637 

42.  83 

42. 82’ 

C _ 

M105 

49.  585 

4.  Discussion  of  Results 

4.1.  Sources  of  Error  in  Using  Bingham  Viscometers 

From  a  thorough  examination  of  the  various  fac¬ 
tors  involved  in  the  use  of  the  Bingham  viscometers, 
it  appears  that  the  greatest  source  of  uncertainty 
arises  from  the  unavoidable  use  of  relatively  low 
pressures  in  establishing  the  portion  of  the  calibra¬ 
tion  curve  corresponding  to  low  Reynolds  numbers. 
The  lower  pressures  are  more  difficult  to  maintain 


relatively  steady  and  measure  with  a  given  relative 
precision,  and  larger  errors  are  introduced  for  given 
uncertainties  in  the  values  of  the  head  corrections. 
This  point  is  illustrated  from  the  data  for  viscometer 
number  1  by  a  comparison  of  run  1-24,  made  at  a 
Reynolds  number  of  8.5,  with  run  1-38  made  at 
R  = 41  (see  appendix  7.1).  For  run  1-38,  with  an 
applied  pressure  of  73  mm  Hg  (100  cm.  H20),  the 
level  head  correction  is  0.07  percent,  and  the  logarith¬ 
mic  head  correction  is  0.01  percent,  whereas  for  run 
1-24  with  an  applied  pressure  of  15  mm  Hg  (21  cm 
H20),  the  level  head  correction  is  0.31  percent,  and 
the  logarithmic  head  correction  is  0.24  percent. 
Thus  in  the  necessary  extension  of  the  calibration 
curve  from  i?  =  41  down  to  R= 8.5,  the  sum  of  the 
head  corrections  is  increased  from  0.08  percent  to 
0.55  percent  of  the  applied  pressure.  For  each  of 
the  three  Bingham  viscometers  used  in  this  work 
the  value  of  the  level  head  was  determined  experi¬ 
mentally,  as  described  previously,  the  accuracy  of 
the  determinations  being  limited  chiefly  by  the 
precision  with  which  the  pressures  could  be  m.easured. 
The  experimental  evaluation  of  the  logarithmic  head 
corrections  with  sufficient  accuracy,  however,  was 
not  found  feasible,  and  hence,  the  corrections  were 
calculated,  use  being  made  of  an  equation  given  by 
Barr  [4],  by  which  the  mean  effective  pressure  for  a 
run  is  calculated  from  the  known  initial  and  final 
pressures.  This  equation  was  developed  on  the 
assumption  that  each  bulb  of  the  viscometer  had 
the  shape  of  two  cones  placed  base-to-base.  Al¬ 
though  this  simple  geometry  is  not  exactly  realized 
in  any  of  these  viscometers,  the  correction  is  not  very 
sensitive  to  instrument  dimensions.  Further  confi¬ 
dence  is  lent  to  the  calculations  by  the  fact  that  good 
agreement  is  always  found  between  viscosity  meas¬ 
urements  made  first  under  conditions  where  the 
correction  is  relatively  large  and  again  when  the 
correction  is  small.  This  is  shown  to  some  extent 
by  the  viscosity  determinations  made  on  oil  A  in 
viscometer  1  (see  appendix  7.4).  This  oil  was  run 
first  at  a  pressure  of  20  mm  Hg,  with  a  logarithmic 
head  correction  of  0.08  percent,  and  then  at  a  pres¬ 
sure  of  237  mm  Hg,  where  the  correction  is  negligible. 
The  agreement  between  these  runs  is  very  good, 
which  indicates  that  the  shape  of  the  calibration 
curve,  and  the  values  of  the  head  corrections  applied 
are  essentially  correct. 

It  has  been  shown  [12]  that  the  viscosity  of  water 
is  not  significantly  affected  either  by  change  in  the 
amount  of  air  in  solution  or  by  change  in  pressure 
under  the  conditions  of  these  tests.  Although  the 
viscosities  of  the  hydrocarbon  liquids  are  more 
sensitive  to  these  variables,  the  experimental  con¬ 
ditions  were  chosen  such  that  the  variations  in  the 
dissolved  air  under  the  different  test  conditions 
would  not  be  expected  to  have  measurable  effects. 
Furthermore,  unpublished  experiments  at  the  Bureau 
have  shown  that  the  corrections  as  applied  for  the 
change  of  viscosity  of  these  hydrocarbon  liquids 
with  pressure  [2]  are  probably  not  in  error  by  more 
than  30  percent.  In  the  tests  recorded  in  Appendix 
7.4,  the  largest  correction  occurs  with  runs  5-17  and 


561/112 


5-18  on  oil  C,  with  an  applied  pressure  of  595  mm 
Hg.  As  the  pressure  correction  for  these  runs  is 
0.08  percent,  an  error  of  30  percent  in  the  correction 
will  amount  to  only  0.02  percent  in  the  viscosity 
determination. 

4.2.  Sources  of  Error  in  Using  Cannon  Viscometers 

The  first  considerations  are  concerned  with  the 
establishment  of  the  calibration  curves  given  in  figure 
7  for  the  two  viscometers  calibrated  with  water.  In 
the  work  reported  here  these  viscometers  were  used 
at  Reynolds  numbers  in  the  range  0.03  to  42,  and 
hence  only  factors  affecting  this  portion  of  each  curve 
will  influence  the  results.  As  the  determinations  in 
the  viscometers  were  to  give  results  based  on  a  value 
for  the  viscosity  of  water  at  20°  C,  each  calibration 
curve  was  arbitrarily  put  through  the  point  at  a 
Reynolds  number  of  about  15,  which  represents  the 
data  obtained  at  this  temperature.  At  this  point, 
uncertainties  in  the  value  of  Kc,  which  is  equal  to 
i i/ptc,  will  depend  only  on  errors  in  tc,  as  the  value  of 
v  is  taken  without  error  and  p  is  known  with  high 
accuracy.  With  reference  to  appendix  7.5,  it  is  seen 
that  for  the  data  at  20°  C,  tc  is  obtained  from  the 
observed  time  of  flow  t,  by  applying  only  a  relatively 
small  correction  for  filling  temperature.  This  cor¬ 
rection  is  readily  calculable  and  is  not  considered  as 
a  source  of  error.  Of  the  factors  affecting  t,  the 
effects  of  errors  in  temperature  measurement,  or  of 
temperature  variations,  are  probably  small.  Both 
the  platinum  resistance  thermometer  and  the  Mueller 
G-2  bridge  used  for  measuring  temperature  were 
calibrated  shortly  before  or  after  tests  were  made, 
so  that  no  error  larger  than  0.001  deg  C  is  expected 
in  the  measured  temperatures.  Observed  tempera¬ 
ture  variations  during  the  tests  were  0.002  deg  C  or 
less,  with  the  mean  temperature  closer  than  is  indi¬ 
cated  by  this  spread.  It  is  probable  that  the  actual 
bath  temperatures  were  within  0.002  deg  of  20°  C, 
which  is  equivalent  to  an  uncertainty  of  only  0.005 
percent  in  the  viscosity  of  water.  Calculations  2  of 
the  precision  of  the  mean  values  of  t  as  recorded  in 
appendix  7.5  indicate  an  uncertainty  in  the  mean 
time  of  flow  for  viscometer  M25-1  of  ±0.03  percent 
and  for  viscometer  M25-2  an  uncertainty  of  ±0.007 
percent.  These  limits  reflect  errors  due  to  variations 
in  filling  the  viscometers,  bath  temperature,  timing, 
and  unrecognized  factors.  From  the  above  consid¬ 
erations,  the  values  of  Kc  at  R  =  15  for  the  two  vis¬ 
cometers  are  probably  within  ±0.03  percent  of  their 
true  values. 

Having  established  one  point  on  each  calibration 
curve,  the  other  important  factor  is  the  shape  of  the 
curves  in  the  range  R<^50.  From  theoretical  con¬ 
siderations  [3],  with  increasing  values  of  R  these 
curves  should  be  horizontal  lines  until  some  value  of 
R  is  exceeded  and  a  gradually  increasingly  negative 
slope  begins  to  develop.  No  known  theory  can 
account  for  a  positive  slope  at  these  Reynolds  num¬ 


2  The  calculations  were  made  by  the  American  Society  for  Testing  Materials’ 
methods  [13],  assuming  that  the  true  value  of  the  mean  will  lie  within  the  limits 
given  99  times  in  100. 


bers.  The  values  of  ? 7/ph  for  water  at  40°,  60°,  and 
80°  C  were  therefore  obtained  and  plotted  to  indicate 
whether  the  curves  could  be  assumed  to  have  zero 
slope  up  to  R =50.  These  values  of  r)/ptc  were  com¬ 
puted  by  using  the  values  of  17/p  given  in  appendix 
7.5  and  are  believed  to  be  accurate  within  0.1  percent. 
It  is  seen  that  zero  slope  is  indicated  in  the  range  of 
Reynolds  numbers  covered,  and  unreasonably  large 
errors  in  the  values  of  77 /pte  for  water  at  40°,  60°, 
and  80°  C  would  be  required  to  change  the  positions 
of  the  calibration  curves  at  7?</50  by  as  much  as 
0.01  percent. 

The  calculations  of  the  viscosities  of  a-heptane  and 
oils  A  and  B  from  the  data  obtained  with  these  two 
water-calibrated  viscometers  are  recorded  in  appen¬ 
dix  7.8.  These  data  show  that  the  times  of  flow  for 
repeat  fillings  of  a  given  viscometer  with  a  given  oil 
are  in  even  better  agreement  than  was  the  case  with 
repeat  fillings  with  water.  It  is  estimated  that  the 
mean  times  of  flow  for  the  two  fillings  with  each  oil 
should  be  within  ±0.01  percent  of  their  true  values, 
based  upon  99-percent  confidence  limits. 

I11  appendix  7.8  the  values  of  tc  are  obtained  by 
applying  at  least  three  corrections  to  the  observed 
times  of  flow.  Of  these,  A hi/h  is  calculated  without 
significant  error.  With  reference  to  section  3.1  it  is 
seen  that  A h3/h  is  dependent  upon  differences  in 
p  air/p  liquid  between  calibrating  and  test  conditions. 
The  values  of  A hjh  were  calculated  by  assuming  the 
air  in  the  viscometers  to  be  50-percent  saturated 
under  all  conditions,  which  was  not  always  the  case. 
No  significant  error  is  introduced  by  this  assumption, 
however,  as  the  difference  between  the  values  of 
A h3/h,  assuming  dry  air  and  again  assuming  satura¬ 
tion,  affects  tc  by  only  2  parts  in  100,000.  The  third 
correction,  A  hi/h,  which  is  applied  to  account  for  the 
difference  in  head  caused  by  the  difference  in  surface 
tension  between  water  and  the  oils,  is  perhaps  the 
greatest  source  of  uncertainty.  As  described  previ¬ 
ously,  the  calculated  value  of  the  effect  of  surface 
tension  for  water  at  20°  C  was  in  good  agreement 
with  the  experimental  value,  but  both  calculations 
and  experiments  were  sufficiently  complex  as  to 
make  it  difficult  to  estimate  the  accuracy  of  either. 
It  is  believed  no  error  greater  than  ±0.02  percent  is 
introduced  by  this  correction,  but  this  can  not  be 
said  with  certainty. 

The  drainage  factors  recorded  in  appendix  7.8 
based  upon  experiments  described  in  section  3.1,  are 
believed  to  be  known  to  about  0.002  percent  and  are 
therefore  not  significantly  in  error.  No  satisfactory 
explanation  has  been  found  for  the  different  behavior 
of  oil  A,  as  compared  with  n-heptane  and  the  other 
two  oils,  in  bulbs  of  similar  shape  and  volume  to  the 
fiducial  bulbs  of  viscometers  M25-1  and  M25-2  (see 
fig.  6).  Oil  A  did  not  show  this  different  behavior 
in  a  somewhat  more  elongated  bulb  similar  to  the 
fiducial  bulbs  of  viscometers  Ml04  and  M105. 

In  the  calibration  of  viscometers  Ml 04  and  Ml 05 
with  oils  A  and  B  and  the  subsequent  determinations 
of  the  viscosity  of  oil  C,  the  sources  and  magnitudes 
of  error  are  essentially  the  same  as  described  above 
for  the  oil  runs  in  viscometers  M25-1  and  M25-2. 
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4.3.  Heating  Effects  in  Capillaries 

So  far  in  the  treatment  of  the  data  it  has  been  as¬ 
sumed  that,  once  the  liquid  under  test  has  reached 
the  temperature  of  the  bath  in  which  the  viscometer 
is  immersed,  it  remains  at  this  temperature  during 
the  measurement.  Because  heat  is  generated  in  the 
liquid  as  it  is  sheared  in  the  capillary,  it  is  obvious 
that  this  assumption  cannot  be  strictly  true.  As  the 
temperature  will  vary  from  point-to-point  within  the 
capillary,  the  viscosity  will  vary  accordingly,  and 
what  is  measured  is  a  mean  value  of  the  viscosity  cor¬ 
responding  to  some  effective  mean  value  of  the  tem¬ 
perature  within  the  capillary.  In  attempting  to 
calculate  this  mean  effective  temperature,  one  is  un¬ 
able  to  postulate  what  conditions  of  temperature  dis¬ 
tribution  and  heat  transfer  exist  for  a  given  flow  con¬ 
dition.  Hersey  [14]  and  Hersey  and  Zimmer  [15] 
have  derived  equations  for  calculating  the  mean 
effective  temperature  rise,  first  assuming  conditions 
of  adiabatic  flow  and  then  for  conditions  of  thermal 
equilibrium  in  the  liquid  flowing  in  the  capillary. 
Corrections  based  on  these  equations  have  been  cal¬ 
culated  for  the  data  in  both  the  Bingham  and  Can¬ 
non  viscometers.  Referring  to  appendices  7.4  and 
7.8  it  is  seen  that  oil  C  was  run  in  a  Bingham  vis¬ 
cometer  at  pressures  of  595  mm  Hg  (runs  5-17  and 
5-18)  and  303  mm  Hg  (runs  5-15  and  5-16),  and 
also  in  Cannon  viscometers  at  29  mm  Hg.  If  we 
should  assume  the  conditions  defined  by  Hersey  and 
Zimmer  as  incomplete  adiabatic  flow  and  calculate 
corrections,  using  their  eq  (5)  [15],  we  get  a  viscosity 
correction  of  +0.70  percent  for  the  tests  in  the  Bing¬ 
ham  viscometer  at  595  mm  Hg,  and  a  correction  of 
+  0.02  percent  for  the  tests  in  the  Cannon  viscom¬ 
eters.  On  this  basis  the  tests  at  595  mm  Hg  uncor¬ 
rected,  should  be  about  0.7  percent  lower  than  the 
runs  at  29  mm  Hg.  As  the  results  recorded  in  table 
4  and  appendix  7.4  are  in  good  agreement  at  all  three 
pressures  without  these  corrections,  it  must  be  con¬ 
cluded  that  conditions  of  incomplete  adiabatic  flow 
are  not  approximated  in  these  tests.  Calculations 
based  on  Hersey’s  eq  (13)  [13],  which  assumes  flow 
under  the  conditions  of  thermal  equilibrium,  yield 
negligibly  small  corrections,  in  agreement  with  the 
evidence  of  the  tests  referred  to  above. 

It  should  be  noted  that  the  effects  of  heating  in 
the  capillary  are  not  only  probably  negligibly  small 
under  the  conditions  of  the  tests  reported  here,  but 
in  addition,  through  the  course  of  calibration 'and 
use  of  a  viscometer,  the  effects  tend  to  be  minimized. 
In  the  calibration  of  an  instrument,  heating  effects 
result  in  a  negative  correction  to  the  calibration 
constant,  while  in  a  subsequent  determination  made 
in  the  viscometer  the  effects  result  in  a  positive 
correction  to  the  time  of  flow.  Thus,  even  though 
no  corrections  are  applied,  the  product  of  the  instru¬ 
ment  constant  and  the  time  of  flow  tends  to  yield  a 
correct  result  in  the  viscosity  determination.  Of 
course  this  will  only  be  strictly  true  when  the  pres¬ 
sure  drop  through  the  -capillary  is  the  same  for  both 
the  calibration  and  the  determination,  and  when  the 
liquid  whose  viscosity  is  being  determined  and  the 


calibrating  liquid  have  the  same  heat  capacity  and 
temperature  coefficient  of  viscosity.  The  pertinent 
physical  properties  of  the  liquids  involved  will 
usually  be  sufficiently  alike,  however,  to  minimize 
an  accumulation  of  errors  in  the  usual  laboratory 
practice  of  calibrating  a  series  of  viscometers, 
graduated  as  to  capillary  diameter,  by  calibrating  a 
larger  capillary  with  an  oil  whose  viscosity  has  been 
determined  in  a  smaller  one. 

4.4.  Variability  of  End  Corrections  With  Reynolds 

Number 

The  possible  existence  of  curvature  in  Pt  versus  R 
plots  for  viscometers  of  the  Bingham  type,  such  as 
shown  in  figures  2  and  3,  has  not  been  generally 
recognized.  Most  observers  have  confined  their 
calibrations  to  the  higher  rates  of  flow  in  order  to 
obtain  more  accurate  pressure  measurements,  and 
in  addition,  there  has  often  existed  a  disregard  or 
inaccurate  estimation  of  the  level  head  and  logarith¬ 
mic  -head  corrections,  which  may  mask  the  true 
nature  of  the  calibration  curve  at  the  lower  Reynolds 
numbers.  The  curvature  found  in  the  plots  for 
viscometers  1  and  20,  however,  is  not  inconsistent 
with  the  theory  of  end  corrections  and  may  be 
explained  through  a  consideration  of  the  nature  of 
the  coefficients  m  and  n  in  eq  (1). 

The  value  of  m  is  dependent  upon  the  work  done 
in  accelerating  the  liquid  from,  essential  rest  to  the 
parabolic  distribution  of  velocities  existing  after  a 
sufficient  entrance  length  has  been  traversed.  This 
work  is  done  not  against  viscous  forces,  but  only 
imparts  kinetic  energy  to  the  flowing  liquid  at  the 
expense  of  the  applied  pressure.  The  value  of  n 
arises  in  part  from  the  excess  work  done  against 
viscous  forces  in  the  entrance  length  as  compared 
with  an  equivalent  length  where  the  distribution  of 
velocities  is  parabolic  throughout.  At  sufficiently 
high  Reynolds  numbers  the  kinetic  energy  of  the 
liquid  streaming  out  of  the  exit  end  of  the  capillary 
is  dissipated  as  heat  [16]  in  the  enlarged  part  of  the 
viscometer  past  the  capillary.  For  this  condition, 
the  phenomena  at  the  exit  end  will  make  a  negligible 
contribution  to  the  values  of  m  and  n.  At  lower 
Reynolds  numbers,  however,  part  or  all  of  the 
kinetic  energy  may  be  expended  against  viscous 
resistance  close  to  the  exit  of  the  capillary.  The 
value  of  m  for  a  given  Reynolds  number  will  then 
depend  upon  the  difference  between  the  work  done 
in  acceleration  at  the  entrance  end  and  the  amount 
of  kinetic  energy  used  in  overcoming  viscous  resist¬ 
ance  at  the  exit  end.  The  magnitude  of  n  will  be  the 
sum  of  the  extra  work  done  against  viscous  resistance 
at  the  two  ends.  It  follows  then  that  higher  values 
of  m  correspond  to  lower  values  of  n  and  conversely. 
Also,  when  m  is  constant  over  a  range  of  Reynolds 
numbers,  n  should  also  be  constant.  Dorsey  [5]  has 
treated  this  subject  at  some  length  and  concludes 
that,  for  capillaries  with  square-cut  ends,  m  is  zero, 
and  n  has  a  constant  value  of  1.14  up  to  a  Reynolds 
number  of  10,  while  at  higher  Reynolds  numbers, 
m=  1  and  n  has  a  constant  value  of  0.57.  He 
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recognizes,  however,  that  the  values  of  m  and  n  will 
be  affected  by  the  geometry  of  the  entrance  and 
exit  ends  of  the  bore.  In  the  construction  of  the 
Bingham  viscometers  some  glass  blowing  was  done 
at  the  ends  of  the  capillaries  so  that  they  are  not 
precisely  square-cut,  but  evidence  slight  fire  polishing 
at,  the  edge  of  the  bore.  With  this  geometry  it  is 
not  surprising  that  these  viscometers  show  an 
extended  transition  region  (approximately  i?=10  to 
60)  between  the  range  where  m  =  0  and  the  range 
above  R= 60  where  m  becomes  constant. 

For  Bingham  viscometer  1  the  constant  value  of 
m  is  1.12,  which  is  in  agreement  with  values  reported 
by  others  for  capillaries  with  squarecut  ends  [3]. 
The  lower  value  of  m  =  0.95  found  for  Bingham  No. 
20,  may  be  the  result  of  some  peculiarity  in  the  shape 
of  the  ends  of  the  capillary  bore  as  a  result  of  glass 
blowing.  With  the  Cannon  viscometers  M25-1  and 
M25-2,  it  was  found  that  m  =  0  up  to  at  least  a 
Reynolds  number  of  120,  which  is  as  high  as  the 
calibration  was  carried.  This  condition  is  un¬ 
doubtedly  associated  with  the  gradual  tapers  through 
which  the  bores  of  these  capillaries  expand.  It  is 
probable  that,  at  sufficiently  higher  rates  of  flow 
these  calibration  curves  would  also  pass  through  a 
transition  region  and  then  assume  a  constant  slope 
corresponding  to  a  value  of  m  which  is  close  to  one. 

5.  Conclusion 

In  making  the  measurements  reported  here,  every 
reasonable  precaution  was  taken  so  that  the  results 
would  reflect  the  accuracy  of  which  each  viscometric 
method  was  capable.  The  viscosity  values  of  the 
four  liquids  as  determined  independently  by  the 
two  methods  were  in  better  agreement  than  was 
anticipated,  and  hence  it  is  believed  that  both 
methods  are  relatively  free  of  error.  Reviewing 
the  techniques  and  sources  of  error  critically,  how¬ 
ever,  it  is  apparent,  that  the  necessary  steps  in  cali¬ 
brating  the  Bingham  viscometers  are  more  compli¬ 
cated  and  contain  more  possibilities  of  uncertainty 
than  are  present  in  calibrating  the  Cannon  viscom¬ 
eters.  The  experimental  difficulties  in  establishing 


the  calibration  curve  with  water  at  low  Reynolds 
numbers  and  the  uncertain  effects  of  heating  in  the 
capillary  are  perhaps  the  weakest  points  in  the 
method.  On  the  other  hand,  the  relative  simplicity 
of  the  method  with  the  Cannon  viscometers  makes 
this  method  singularly  attractive  and  inherently 
more  accurate.  The  greatest  difficulty  with  this 
method  seems  to  lie  in  adequately  correcting  the 
head  for  the  difference  in  the  surface  tensions  of 
water  and  oil.  The  procedures  described  here  for 
evaluating  this  correction  are  cumbersome  and 
time  consuming  to  the  extent  that  less  accurate 
estimates  of  the  correction  are  resorted  to  in  most, 
laboratories.  It  is  possible  that  a  redesign  of  the 
shape  of  the  fiducial  bulb  of  the  viscometer  would 
simplify  the  evaluation  of  this  correction.  For 
example,  a  cylindrical  bulb  with  a  conical  top  and 
bottom  would  present  simple  geometric  shapes  for 
which  surface  tension  effects  are  readily  calculable 
by  Barr’s  method  [11],  Any  redesign  of  this  nature, 
however,  would  have  to  be  accompanied  by  consid¬ 
erations  of  the  drainage  characteristics  of  the  bulb 
as  well. 
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7.  Appendices 

7.1.  Calibration  of  Bingham  Viscometer  1  with  Water  at  20°  C 


Run 

Direction 
of  flow 

Condition 
of  bulb 

•Po 

Level  head 

Log  head 

P 

t 

Pt 

Wet  bulb 

Correction 
wet  to  dry 

PI 

Dry  bulb 

Pt 

Dry  bulb 
Mean 

R 

Mean 

1 

2 

3 

4 

5 

6 

7 

8 

9 

10 

11 

12 

13 

mm  Hg 

mm  Hg 

mm  Hg 

mm  Hg 

sec 

1-24 

R-L 

Wet _ 

15. 093 

+0.  047 

-0.  036 

15. 104 

2456.  00 

37095.  4 

+24.0 

37119.4 

j 

1-25 

R-L 

Wet _ 

14.  835 

+.047 

-.036 

14.  846 

2498.  71 

37095.  8 

+24.0 

37119.8 

^  37124 

8.5 

1-34 

R-L 

Wet _ 

15. 132 

+.047 

-.036 

15.143 

2450.  62 

37109.  7 

+24.0 

37133. 7 

I 

1-31 

L-R 

Wet _ 

15.  225 

-.047 

-.036 

15.142 

2448.  02 

37067.  9 

+24.0 

37091. 9 

| 

1-32 

L-R 

Wet _ 

15.161 

-.047 

-.036 

15.  078 

2460.  65 

37101.  7 

+24.0 

37125.  7 

1-33 

L-R 

Wet _ 

15.  005 

-.047 

-.036 

14.  922 

2486.  90 

37109.  5 

+24.0 

37133.5 

f  O  i  1  ttO 

1-35 

L-R 

Wet _ 

15.  244 

-.047 

-.036 

15. 161 

2448.  81 

37126.  4 

+24.0 

37150.4 

) 

1-26 

R-L 

Wet _ 

29. 335 

+.047 

-.018 

29. 364 

1264.24 

37123. 1 

+24.0 

37147. 1 

1 

1-27 

R-L 

Wet _ 

29. 313 

+.  047 

-.018 

29.  342 

1264.81 

37112.1 

+24.0 

37136. 1 

1  37143 

16.5 

1-42 

R-L 

Wet _ 

29. 142 

+.  047 

-.018 

29. 171 

1272.  52 

37120.  7 

+24.0 

37144. 7 

1 

1-40 

R-L 

Wet _ 

42.  970 

+.  047 

-.013 

43. 004 

862.  94 

37109.  9 

+24.0 

37133.9 

1-41 

R-L 

Wet _ 

43.  029 

+.  047 

-.013 

43.  063 

861.  81 

37112. 1 

+24.0 

37136. 1 

1-28 

R-L 

Wet _ 

43. 199 

+.  047 

-.013 

43.  233 

859.  04 

37138.  9 

+24.0 

37162.  9 

1-29 

R-L 

Wet... . . 

43.  805 

+.047 

-.013 

43.  839 

847.  51 

37154. 0 

+24.0 

37178.0 

1-38 

R-L 

Wet _ 

72.831 

+.  047 

-.007 

72.  871 

509.  55 

37131.4 

+24.0 

37155.  4 

1-39 

R-L 

Wet _ 

73.  846 

+.  047 

-.007 

73.  886 

502.  71 

37143.  2 

+24.0 

37167.  2 

1-36 

R-L 

Dry  .  ... 

104.  169 

+.047 

-.005 

104. 211 

356.  94 

37197. 1 

}  37200 

58.6 

1-37 

R-L 

Wet _ 

104. 169 

+.047 

-.005 

104.  211 

356.  77 

37179.  4 

+24.0 

37203. 4 

1-15 

R-L 

AVet _ 

149.  480 

+.  047 

-.004 

149.  523 

248.  89 

37214.  8 

+24.0 

37238.  8 

1-16 

R-L 

Wet _ 

150.  074 

+.047 

-.004 

150. 117 

247.  88 

37211.0 

+24.0 

37235.  0 

1-1 

R-L 

Dry  ..  ..  . 

187.  703 

+.047 

-.003 

187.  747 

198.64 

37294. 1 

1-5 

R-L 

Dry...  ...  . 

187.  270 

+.  047 

-.003 

187.314 

199.  08 

37290. 5 

1-7 

R-L 

Dry . .  . 

187. 832 

+.047 

-.003 

187. 876 

198.  57 

37306.  5 

37296 

106.0 

1-9 

R-L 

Dry. _ 

190.  737 

+.047 

-.003 

190.  781 

195. 48 

37293.  9 

1-11 

R-L 

Dry _ 

190.  678 

+.047 

-.003 

190.  722 

195.  51 

37288. 1 

1-23 

R-L 

Dry.. 

188.  862 

+.047 

-.003 

188.  906 

197. 48 

37305.  2 

1-2 

R-L 

Wet _ 

187.  480 

+.047 

-.003 

187.  524 

198.  78 

37276.  0 

+24.0 

37300.  0 

1 

1-6 

R-L 

Wet _ 

187.  039 

+.047 

-.003 

187.  083 

199.  27 

37280.  0 

+  24.0 

37304.  0 

1-8 

R-L 

Wet _ 

187.  655 

+.  047 

-.003 

187.  699 

198.  54 

37265.  8 

+24.0 

37289.  8 

\  37296 

106,0 

1-10 

R-L 

Wet _ 

191.037 

+.047 

-.003 

191.081 

194.  97 

37255. 1 

+24.0 

37279. 1 

1-12 

R-L 

Wet _ 

190.  810 

+.047 

-.003 

190.  854 

195.  36 

37285.  2 

+24.0 

37309.  2 

) 

1-17 

R-L 

Wet. . 

232.  251 

+.  047 

-.002 

232. 296 

160.  79 

37350.  9 

+24.0 

37374.  9 

1-18 

R-L 

Wet _ 

232.  011 

+.  047 

-.002 

232.  056 

160.  98 

37356. 4 

+24  0 

37380.  4 

1-19 

R-L 

Wet _ 

368.  515 

+.  047 

-.001 

368.  561 

101.97 

37582.  2 

+24.0 

37606.  2 

1-20 

R-L 

Wet _ 

368.  476 

+.  047 

-.001 

368.  522 

101.97 

37578.  2 

+24.0 

37602.  2 

«Ud.  «- 

1-21 

R-L 

Wet _ 

531.552 

+.  047 

-.001 

531.  598 

71.22 

37860.  4 

+24.0 

37884.  4 

1-22 

R-L 

Wet... . 

531.  285 

+.047 

-.001 

531.331 

71.22 

37841.4 

+24.0 

37865.  4 

/  0/0/0 

iil/O.  t 
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7.2.  Calibration  of  Bingham  Viscometer  20  with  Water  at  20°  C 


Run 

Direction 
of  flow 

Condition 
of  bulb 

Po 

Level  head 

Log  head 

p 

t 

Pt 

Wet  bulb 

Correction 
wet  to  dry 

1 

PI 

Dry  bulb 

Pt 

Dry  bulb 
Mean 

R 

Mean 

1 

2 

3 

4 

5 

6 

7 

8 

9 

10 

ii 

12 

13 

mm  Hg 

mm  Hg 

mm  Hg 

mm  Hg 

sec 

20-2fi 

R-L 

Wet _ 

14.914 

-0. 097 

-0. 034 

14.  783 

5470.  29 

80867 

+33 

80900 

20-27 

R-L 

Wet _ 

14.  229 

-.097 

-.035 

14.097 

5735.  43 

80852 

+33 

80885 

20-28 

L-R 

Wet _ 

15.  255 

+.097 

-.033 

15.319 

5276.  28 

80827 

+33 

80860 

1 

20-29 

L-R 

Wet  _ 

15.  207 

+.097 

-.033 

15.271 

5299.  55 

80927 

+33 

80960 

i  80893 

5.  5 

20-30 

L-R 

Wet  _ 

15. 189 

+.097 

-.033 

15.  253 

5299.  06 

80827 

+33 

80860 

1 

20-31 

R-L 

Wet _ 

28.  974 

-.097 

-.017 

28.  860 

2803.  05 

80896 

+33 

80929 

1 

20-32 

R-L 

AVet _ 

29.  190 

-.097 

-.017 

29.  076 

2782  02 

80890 

+33 

80923 

20-51 

R-L 

Wet _ 

28.  910 

-.097 

-.017 

28.  796 

2808. 12 

80863 

+33 

80896 

ill.  0 

20-52 

R-L 

Wet _ 

29.  098 

-.097 

-.017 

28.  984 

2790.  56 

80882 

+33 

809 15 

1 

20-33 

R-L 

AAret _ 

43. 374 

-.097 

-.012 

43.  265 

1869.  48 

80883 

+33 

80916 

20-34 

R-L 

Wet _ 

43. 191 

-.097 

-.012 

43.  082 

1877.  25 

80876 

+33 

80909 

/  OUDIO 

Id.  U 

20-43 

R-L 

AVet _ 

74.  965 

-.097 

-.007 

74.  861 

1081.15 

80936 

+33 

80969 

20-44 

R-L 

Wet _ 

74.  714 

-.097 

-.007 

74.  610 

1084.  69 

80929 

+33 

80962 

20-37 

R-L 

AVet _ 

69.  628 

-.097 

-.007 

69.  524 

1163. 14 

80866 

+33 

80899 

20-38 

R-L 

Wet _ 

69.  853 

-.  097 

-.007 

69.  749 

1159.  70 

80887 

+33 

80920 

20-35 

R-L 

AVet _ 

87.  942 

-.097 

-.006 

87.839 

920.  63 

80867 

+33 

80900 

}  80910 

20-36 

R-L 

Wet _ 

87.  731 

-.097 

-.006 

87.  628 

923.06 

80886 

+33 

80919 

20-39 

R-L 

AAret _ 

105.  450 

-.097 

-.005 

105.  348 

768.  21 

80929 

+33 

80962 

] 

20-40 

R-L 

Wet _ 

105.919 

-.097 

-.005 

105.  817 

764.  80 

80929 

+33 

80962 

[  80963 

20-41 

R-L 

Dry--  . 

105.  452 

-.  097 

-.  005 

105.  350 

768.  40 

80950 

20-42 

R-L 

Wet _ 

105. 196 

-.097 

-.005 

105.  094 

770.  22 

80946 

+33 

80979 

] 

20-45 

R-L 

A\ret _ 

140.  328 

-.097 

-.004 

140.  227 

577.  66 

81004 

+33 

81037 

1^ 

o 

00 

20-46 

R-L 

Wet _ 

140.  074 

-.097 

-.004 

139.  973 

578.  56 

80983 

+33 

81016 

20-15 

R-L 

A\ret _ 

159.  491 

-.097 

-.003 

159.  391 

507.  81 

80940 

+33 

80973 

20-16 

R-L 

AAret _ 

158.  835 

-.097 

-.003 

158.  735 

509.  75 

80915 

+33 

80948 

20-17 

R-L 

Wet _ 

244.  479 

-.097 

-.002 

244. 380 

331.  89 

81107 

+33 

81140 

20-18 

R-L 

AA'et _ 

244.  589 

-.097 

-.002 

244.  490 

331.68 

81092 

+33 

81125 

20-25 

R-L 

Wet _ 

244.  963 

-.097 

-.  002 

244.  864 

331.05 

81062 

+33 

81095 

20-17 

R-L 

AA'et _ 

244.  297 

-.097 

-.002 

244. 198 

332.  05 

81086 

+33 

81119 

20-48 

R-L 

AVel _ 

243.  924 

-.097 

-.002 

243.  825 

332.  53 

81079 

+33 

81112 

20-24 

R-L 

Dry _ 

245.  341 

-.  097 

-.  002 

245.  242 

330.  68 

81097 

20-2 

R-L 

AAret _ 

400.  796 

-.097 

-.001 

400.  698 

202.  94 

81317 

+34 

81351 

20-4 

R-L 

AVet _ 

410.912 

-.097 

-.001 

410.814 

198.  05 

81362 

+34 

81396 

20-6 

R-L 

AAret _ 

406.  918 

-.097 

-.001 

406.  820 

199.  97 

81352 

+34 

81386 

20-8 

R-L 

AVet-..  _ 

404.  893 

-.097 

-.001 

404.  795 

200.  89 

81319 

+34 

81353 

20-10 

R-L 

Wet _ 

404.  433 

-.097 

-.001 

404.  335 

201.  12 

81320 

+34 

81354 

'  Oi ouo 

20-12 

R-L 

AVet _ 

403.  796 

-.097 

-.001 

40.3.  698 

201.36 

81288 

+34 

81322 

20-49 

R-L 

AVet _ 

403.  883 

-.097 

-.001 

403.  785 

201.43 

81334 

+34 

81368 

20-50 

R-L 

AA'et _ 

403.  961 

-.097 

-.001 

403. 863 

201.  40 

81338 

+34 

81372 

20-1 

R-L 

Dry.. 

400.  860 

-.  097 

-.001 

400.  762 

202.  97 

81343 

20-3 

R-L 

Dry _ 

410.  850 

-.  097 

-.  001 

410.  752 

198.  18 

81403 

20-5 

R-L 

Dry _ 

407.  486 

-.097 

-.001 

407.  388 

199.  76 

81380 

81362 

145.4 

20-7 

R-L 

Dry _ 

404.  853 

— .  097 

-.  001 

404.  755 

200.  94 

81331 

20-9 

R-L 

Dry _  ... 

404.  632 

-.  097 

-.  001 

404.  534 

201.  13 

81364 

20-11 

R-L 

Dry _ 

404.  078 

-.  097 

-.001 

403.  980 

201.38 

81353 

20-19 

R-L 

AVet _ 

595.  256 

-.097 

-.  001 

595. 158 

137. 12 

81608 

+34 

81642 

20-20 

R-L 

AA'et _ 

595.  038 

-.097 

-.001 

594.  940 

137. 17 

81608 

+34 

81642 

1.1  n .  y 

20-21 

R-L 

AA'et _ 

994.  445 

-.  097 

994.  348 

82.  67 

82203 

+34 

82237 

20-22 

R-L 

AA'et _ 

995.  422 

-.097 

9S5.  325 

82.  64 

82254 

+34 

82288 

>  82250 

353.2 

20-23 

R-L 

AVet _ 

994.  676  • 

-.097 

994.  579 

82.64 

82192 

+34 

82226 

I 
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7.3.  Calibration  of  Bingham  Viscometer  5  with  Oils  at  20°  C 


Run 

Oil 

Direction 
of  flow 

Condition 
of  bulb 

Po 

Level 

head 

Log 

head 

p 

t 

PI 

Pt 

Mean 

R 

V 

CjPri 

/ 

1 

2 

3 

4 

5 

6 

7 

8 

9 

10 

11 

12 

13 

14 

15 

R  L 

mm  Hg 

vim  Hg 

mm  Hg 

mm  Hg 

sec 

cp 

5-3 

A 

Wet _ 

20. 069 

-0.  045 

-0.017 

20.  007 

884.  28 

17691.8 

| 

5-6 

A 

R-L 

Wet _ 

20.  679 

-.045 

-.017 

20.617 

857.  90 

17687.  3 

>17690. 6 

.5-9 

A 

R-L 

Wet _ 

19.  883 

-.045 

-.017 

19.  821 

892.  62 

17692.6 

5-2 

A 

L-R 

Wet _ 

20. 029 

+.  045 

-.017 

20.  057 

881.80 

17686.  3 

) 

5-5 

A 

L-R 

Wet _ 

20.  589 

+.  045 

-.017 

20.617 

858.  30 

]  7695.  6 

1-17691 . 2 

5-8 

A 

L-R 

Wet _ 

19.  973 

+.045 

-.017 

20.  001 

884.  54 

17691. 7 

5-1 

A 

R-L 

Dry _ 

19.  946 

-.045 

-.017 

19.  884 

889.  86 

17694. 0 

i 

5-4 

5-7 

A 

A 

R-L 

R-L 

Dry _ 

Dry _ 

20.  285 

19.  996 

-.045 

-.045 

-.017 

-.017 

20.  223 

19.  904 

874.  32 
889.  03 

17681.4 

17695.3 

>17692. 1 

6.8 

1.9250 

0. 00003 

1. 0881X10-* 

5-14 

A 

R-L 

Dry _ 

19. 940 

-.045 

-.017 

19. 878 

890. 32 

17697.8 

J 

5-10 

B 

R-L 

Dry . 

296. 132 

-.048 

-.001 

296.  083 

236. 36 

69982 

j 

5-11 

5-12 

B 

B 

R-L 

R-L 

Dry _ 

Dry _ 

296. 112 
296.  924 

-.048 
-.  048 

-.001 

-.001 

296.  063 
296. 875 

236.  22 
235.63 

69936 

69953 

>69946 

6.9 

7.  6097 

. 00224 

1.0883 

5-13 

B 

R-L 

Dry - 

296.  722 

-.048 

-.001 

296.  673 

235.  66 

69914 

’ 

7.4.  Determinations  in  Bingham  Viscometers 


Oil 

Vis¬ 

cometer 

Run 

Po 

Level 

head 

Log 

head 

p 

t 

Pt 

Pt 

Mean 

/ 

fPt 

C'iPr, 

V 

R 

1 

2 

3 

4 

5 

6 

7 

8 

9 

10 

11 

12 

13 

14 

15 

n-Hep- 

mm  Hg 

mm  Hg 

771771  Hg 

mm  Hg 

sec 

cp 

tane. . . 

1 

1-52 

43. 133 

+0. 032 

-0.  006 

43. 159 

354.  51 

15300.3 

) 

Do _ 

Do _ 

1 

1 

1-53 

1-54 

42.  992 
43.310 

+.032 
+.  032 

-.006 

-.006 

43.018 
43. 336 

355.  65 
353.  00 

15299.  4 

1 5297.  6 

|  15299.1 

2.  6878X10"5 

0.41121 

0.  00001 

0.41120 

98.9 

Do _ 

1 

1-55 

43.321 

+.  032 

-.006 

43. 347 

352.  95 

15299.3 

1 

Do _ 

20 

20-60 

106. 122 

-.066 

-.002 

106.  054 

314.  75 

33380.  5 

1 

Do _ 

20 

20-61 

106.  025 

-.066 

-.002 

105.957 

315. 15 

33392.  3 

>  33386.8 

1.2310 

.41099 

.00002 

.41097 

154.  3 

Do _ 

20 

20-62 

106. 172 

-.066 

-.002 

106. 104 

314.  67 

33387.  7 

1 

A _ 

1 

1-49 

20.  002 

+.037 

+.037 

+.  037 
+.037 
+.037 

-.076 

-.016 

20.  023 

3562.  24 

71326.  7 

}  71330.8 

2.  6986 

1.9249 

. 00003 

1.9249 

2.  4 

A _ 

1 

1-50 

20. 010 

-.016 

20. 031 

3561.  22 

71334. 8 

A _ 

1 

1-43 

237.  532 

-.001 

237.  568 

300.  45 

71377.3 

) 

A _ 

1 

1-44 

237. 133 

-.001 

237. 169 

300.  97 

71380. 8 

}  71380. 2 

2.  6973 

1.  9253 

.0003 

1.9250 

28.2 

A _ 

1 

1-45 

237. 415 

-.001 

237.  451 

300.  62 

71382.  5 

1 

A _ 

20 

20-53 

237.  405 

-.001 

237. 328 

655. 16 

155488 

1 

A _ 

20 

20-54 

237.  704 

-.076 

-.001 

237.  627 

654.  30 

155479 

>155478 

1.2384 

1.  9254 

.0003 

1.9251 

18.  1 

A _ 

20 

20-55 

237.  460 

-.076 

-.  001 

237. 383 

654.  92 

155467 

1 

B _ 

1 

1-46 

296.  634 

+.  039 
+.039 
+.039 

-.081 

-.001 

296.  672 

950. 80 

282076 

1 

2.  6986 

7.6113 

.0022 

7.  6091 

2.4 

B _ 

1 

1-47 

296.  674 

-.001 

296.  712 

950.  45 

282010 

>282046 

B . 

1 

1-48 

296. 394 

-.001 

296.  432 

951.  49 

282052 

1 

B _ 

20 

20-56 

296. 751 

-.001 

296.  669 

2071.  92 

614674 

I 

B.__ . 

20 

20-57 

296.  679 

-.081 

-.001 

296.  597 

2072. 19 

614605 

>614654 

1.2385 

7.  6125 

.0022 

7.0103 

1.5 

B _ 

20 

20-58 

296. 650 

-.081 

-.001 

296. 568 

2072. 65 

614682 

1 

C _ 

5 

5-15 

302.  259 

-.050 

-.  001 

302.  208 

1302. 81 

393720 

J393716 

10.882 

42. 844 

.017 

0.2 

C _ 

5 

5-16 

303. 062 

-.050 

-.001 

303. 011 

1299.  33 

393711 

C . . 

5 

5-17 

595. 110 

-.050 

-.001 

595.  059 

661.  92 

393881 

}l93830 

10. 882 

42. 857 

.034 

42. 823 

.  5 

C . 

5 

5-18 

595. 070 

-.050 

-.001 

595. 019 

661.  79 

393778 
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7.5.  Calibration  of  Viscometers  M25  1  and  M25-2  with  Water 


Viscometer 

Filling 

Temper¬ 

ature 

t 

1,  mean 

t, 

adjusted 
for  meana 

Ahi/li 

Ahi/h 

Afta/A 

Aht/h 

(1+  Ah/h) 

tc 

yl(ptc) 

R 

0  C 

sec 

sec 

sec 

sec 

M  25-1 _ 

1 

20 

736. 33 

j 

M25-1 _ 

M25-1 _ 

2 

3 

20 

20 

736.  53 
736.  58 

[  736. 46 

736. 46 

+0.  00002 

0.  00000 

0.  00000 

0.  00000 

1.00002 

736. 47 

1.36299X10-3 

15 

M25-1 _ 

4 

20 

736. 42 

J 

M25-1 _ 

1 

40 

482.  72 

482.  72 

482.  81 

+.  00002 

-.00012 

+.00008 

+.  0001 

1.00008 

482.  85 

1.3632 

34 

M  25  1 _ 

2 

60 

348.17 

348. 17 

348. 14 

+.  00002 

-.00031 

+.  00016 

+.0002 

1.  00007 

348. 16 

1.3629 

66 

M25-1 _ 

3 

80 

267.  90 

267. 90 

267. 85 

+.  00002 

-.00056 

+.  00026 

+.  0003 

1.00002 

267.  86 

1.3630 

111 

M25-2 _ 

1 

20 

674. 95 

1 

M25-2 _ 

2 

20 

674. 95 

1  674.96 

074. 96 

+.  00002 

.00000 

. 00000 

.00000 

1.  00002 

674.97 

1.48718 

16 

M25-2 _ 

3 

20 

674.  97 

1 

M25-2 _ 

1 

40 

442.  43 

442. 43 

442.  44 

+.00002 

-.00012 

+.00008 

+.  0001 

1.00008 

442. 48 

1.4875 

37 

M25-2 _ 

2 

60 

319.  07 

319.07 

319.07 

+.  00002 

-.00031 

+.  00016 

+.  0002 

1.00007 

319.09 

1.4870 

71 

M25-2 _ 

3 

80 

245.  44 

245.  44 

245.  44 

+.  00002 

-.00056 

+.  00026 

+.0003 

1 . 00002 

245.  44 

1.4875 

120 

a  The  observed  differences  in  the  times  of  flow  at  20°  C  for  the  different  fillings  are  assumed  to  be  largely  due  to  differences  in  the  volume  of  liquid  charged  into 
the  viscometers.  Since  the  data  at  40°,  60°,  and  80°  C  were  obtained  with  different  single  fillings,  the  observed  times  of  flow  at  these  temperatures  were  adjusted  to 
correspond  to  a  hypothetical  filling  represented  by  the  mean  of  the  observed  times  at  20°  C. 


7.6.  Properties  of  Water 


Temperature 

7a 

vb 

po 

yip 

0  C 

Dynes/cm 

cp 

9/ cm3 

cs 

20 

72.7 

1.0020 

0. 99821 

1.0038 

40 

69.6 

0. 6531 

.  99222 

0. 6582 

60 

66.  2 

.  4665 

.  98321 

.  4745 

80 

62.6 

.3548 

.  97180 

.3651 

a  International  Critical  Tables. 

•>  Hardy  and  Cottington  [12],  based  on  7720=1. 005  cp  and  converting  to 
7720=1.002  cp. 

c  N.  E.  Dorsey,  Pioperties  of  ordinary  water  substance,  table  93,  in 
grams  per  milliliter  and  converting  to  grams  per  cubic  centimeter, 
using  1  ml  =  1.000027  cm1. 


7.7.  Calibration  of  Viscometers  M104  and  M105  with  Oils 


Viscometer 

Oil 

Filling 

t 

t,  mean 

AA1//1 

Ahz/h 

Ahi/h 

(1+A/i/A) 

tc 

"Ip 

Ke 

Kc,  mean 

sec 

sec 

sec 

cs 

M104 . . 

M104 _ 

M 104 _ 

M104 _ 

A 

A 

B 

B 

1 

2 

1 

2 

298. 08 
298.  09 

1110.54 

1110.60 

}  298.08 

+0.  00009 

-0.  00034 

+0.00144 

1.00119 

298.  44 

2.  4642 

8.  2572X10-3 

i  8.2569X10-3 

}lll0.  57 

+.  00009 

-.00025 

+.00142 
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7.8.  Results  Obtained  with  Cannon  Viscometers 
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PREFACE 


The  trend  in  present-day  engineering  design  is  toward  the  use  of  effi¬ 
cient,  lightweight  structural  elements  and  machine  parts.  Such  elements 
have  of  necessity  been  utilized  by  aircraft  and  ordnance  engineers,  and 
their  application  is  now  being  given  increased  attention  by  engineers  in 
all  fields.  In  the  development  of  efficient  designs  it  is  necessary  that 
materials  be  tested  before  being  used  as  structural  elements  and  machine 
parts  to  insure  that  they  will  have  the  required  mechanical  properties. 
Structures  and  subassemblies  must  also  be  tested  to  verify  the  soundness 
of  design  and  point  the  way  to  still  more  efficient  designs.  This  testing 
requires  the  use  of  accurate  load-indicating  testing  machines.  To  insure 
the  reliability  of  the  test  results  obtained  with  load-indicating  testing 
machines,  frequent  periodic  calibration  is  recognized  as  being  essential. 
A  study  of  methods  of  calibrating  testing  machines,  initiated  at  the 
Bureau  some  25  years  ago,  showed  the  equipment  then  available  to  be 
inadequate  and  led  to  the  development  of  the  proving  ring  by  H.  L. 
Whittemore  and  S.  N.  Petrenko.  The  proving  ring,  because  of  its  accu¬ 
racy,  constancy,  and  convenience,  is  now  the  most  widely  used  device 
for  the  calibration  of  testing  machines.  Several  hundred  of  these  devices 
are  now  in  service  in  commercial  and  government  laboratories  in  this 
country  and  abroad.  This  Circular  summarizes  the  Bureau’s  experience 
in  the  calibration  and  use  of  proving  rings  and  makes  recommendations 
for  their  proper  use. 


E.  U.  CONDON,  Director. 
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PROVING  RINGS  FOR  CALIBRATING 
TESTING  MACHINES 

By  Bruce  L.  Wilson,  Douglas  R.  Tate,  and  George  Borkowski 


ABSTRACT 

A  description  is  given  of  the  proving  ring,  which  was  developed  at  the  National 
Bureau  of  Standards  to  provide  an  accurate  portable  load-measuring  device  for 
calibrating  testing  machines.  Methods  are  described  for  calibrating  proving  rings 
by  dead  weights  for  loads  up  to  111,000  lb  and  by  means  of  other  calibrated  prov¬ 
ing  rings  for  higher  loads.  Rings  which  complied  with  the  specification  included  in 
the  paper  were  subjected,  to  tests  to  determine  the  errors  introduced  by  variations 
of  the  conditions  of  use.  Provided  reasonable  care  is  exercised  in  using  proving 
rings,  the  errors  are  shown  to  be  small  compared  to  ±1  percent,  the  generally  rec¬ 
ognized  tolerance  for  testing  machines. 
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1.  INTRODUCTION 

Experience  at  the  National  Bureau  of  Standards  and  in  other  labora¬ 
tories  in  using  testing  machines  that  apply  forces  to  engineering  materials 
and  structures  has  indicated  the  advisability  of  frequent  periodic  calibra¬ 
tion  of  such  machines,-  if  reliable  test  results  are  to  be  obtained.  To  insure 
the  accuracy  of  the  results  obtained  with  a  machine,  it  is  necessary  that 
the  calibration  include  loads  up  to  the  capacity  load  of  the  machine. 
Some  types  of  low-capacity  machines  may  be  calibrated  to  capacity  by 
means  of  standard  weights  or  by  means  of  standard  weights  and  proving 
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levers.  Because  these  methods  of  calibration  were  not  adequate  for  cali¬ 
brating  all  types  of  small  machines,  and  particularly,  because  they  were 
inadequate  for  calibrating  large  testing  machines,  experiments  were 
undertaken  more  than  20  years  ago  with  portable  elastic  devices  which 
could  be  calibrated  under  accurately  known  forces  and  then  transported 
to  the  testing  machine  and. used  to  measure  the  forces  applied  by  the 
testing  machine.  These  experiments  led  to  the  development  of  the  proving 
ring  [1,  2,  3]1  by  H.  L.  Whittemore  and  S.  N.  Petrenko.  The  develop¬ 
ment  and  commercial  production  of  the  proving  ring  led  to  a  greatly 
increased  use  of  elastic  calibration  devices  and  made  it  necessary  to  pro¬ 
vide  facilities- for  the  calibration  of  these  devices.  For  calibrating  devices 
up  to  111,000  lb  two  dead-weight  testing  machines  [4]  have  been  in¬ 
stalled  at  the  Bureau.  Methods  of  calibrating  elastic  devices  for  loads 
up  to  300,000  lb  by  means  of  several  100,000-lb-capacity  rings  have  been 
developed.  The  purpose  of  this  paper  is  to  describe  the  proving  ring,  its 
calibration,  and  performance  under  various  conditions  of  use. 

II.  DESCRIPTION  OF  PROVING  RINGS 
l.  DEFINITION 

A  proving  ring  is  an  elastic  ring,  suitable  for  calibrating  a  testing 
machine,  in  which  the  deflection  of  the  ring  when  loaded  along  a  diameter 
is  measured  by  means  of  a  micrometer  screw  and  a  vibrating  reed  mounted 
diametrically  in  the  ring. 

2.  DESIGN 

(a)  SHAPE 

A  compression  proving  ring  is  shown  in  figure  1.  Forces  are  applied  to 


Figure  1. — Proving  ring  for  measuring  compressive  forces. 

the  ring,  A,  through  the  integral  external  bosses,  B  and  C.  The  resulting 
deflection  of  the  ring  is  measured  with  a  micrometer  screw,  D,  and  a 
vibrating  reed,  E,  which  are  attached  to  integral  internal  bosses,  F  and  G. 
By  means  of  a  graduated  dial,  H,  and  an  index  pointer,  I,  the  deflection 
of  the  ring  may  be  measured  in  divisions  of  the  micrometer  dial.  A  prov¬ 
ing  ring  for  measuring  both  tensile  and  compressive  forces  is  shown  in 
figure  2  with  the  tension  fittings  attached. 

1  Figures  in  brackets  indicate  the  references  given  at  the  end  of  this  paper. 
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Figxirk  2. — Proving  ring  for  measuring  both  tensile  and  compressive  forces, 
with  tension  fittings  attached. 
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The  end  of  the  lower  external  boss  of  a  compression  proving  ring  usu¬ 
ally  is  plane  and  perpendicular  to  the  axis  of  the  bosses.  The  end  of  the 
upper  external  boss  is  usually  convex.  It  is  frequently  made  a  portion  of 
a  sphere  having  as  center  the  center  of  the  end  of  the  lower  external  boss 
and  a  radius  equal  to  the  over-all  height  of  the  ring.  The  external  bosses 
of  rings  for  measuring  tensile  forces  are  provided  with  tension  fittings 
for  applying  forces  to  the  ring.  The  fittings  usually  include  spherical 
bearings  to  minimize  eccentric  loading  of  the  ring. 

(b)  CAPACITIES 

Compression  rings  having  capacities  from  300  lb  to  300,000  lb,  and 
tension  rings  having  capacities  as  great  as  100,000  lb  have  been  sub¬ 
mitted  for  calibration.  The  over-all  heights  of  compression  rings  vary 
from  about  6  in.  for  2,000-lb  rings  to  19  in.  for  300,000-lb  rings.  The 
weights  of  compression  rings  vary  from  about  2  lb  for  2,000-lb  rings  to 
150  lb  for  300,000-lb  rings. 


Figure  3. — Proving  ring  equipped  with  electrically  operated,  vibrating  reed. 
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The  weights  and  heights  of  tension  rings  without  tension  fittings  are  a 
little  greater  than  for  compression  rings  of  corresponding  capacities. 

(c)  DEFLECTION-MEASURING  APPARATUS 

The  vibrating  reed  and  micrometer  screw  provide  a  sensitive  and  re¬ 
liable  means  for  measuring  the  change  in  diameter  of  the  ring  under  load. 
When  the  reed  is  vibrating  and  the  micrometer  screw  is  adjusted  so  that 
the  button  on  the  spindle  contacts  the  vibrating  reed,  a  sensitive  indica¬ 
tion  is  produced,  which  varies  rapidly  as  the  button  is  advanced'.  Experi¬ 
ence  indicates  that  with  micrometer  screws  having  pitches  varying  from 
40  to  64  threads  per  inch,  as  commonly  supplied  on  most  proving  rings, 
readings  may  be  made  with  a  sensitivity  of  about  one  or  two  hundred 
thousandths  of  an  inch. 

Two  types  of  vibrating  reeds  are  used  on  proving  rings;  one  type  is 
operated  manually  and  the  other  is  driven  electrically  [5],  Figures  2  and 
3  show  proving  rings  having  the  two  types  of  vibrating  reeds.  When  read¬ 
ing  a  ring  equipped  with  a  manually  operated  vibrating  reed,  the 
lower  end  of  the  reed  is  pushed  aside  about  ^  inch  with  the  end 
of  a  pencil  or  other  suitable  object  and  released.  Use  of  the  finger 
is  not  recommended  because  changes  in  length  of  the  reed  with  tempera¬ 
ture  change  the  reading  of  the  ring.  While  the  reed  is  vibrating,  the  dial 
is  rotated,  advancing  the  button  into  the  path  of  the  reed  until  a  charac¬ 
teristic  buzzing  sound  is  produced,  and  the  time  required  to  reduce  the 
amplitude  from  about  %  in.  to  zero  amplitude  is  2  or  3  seconds.  Either 
or  both  of  these  effects  may  be  used  by  the  operator  in  setting  the  dial. 
With  no  contact  between  the  reed  and  button,  the  vibration  will  continue 
from  10  to  15  seconds.  An  operator  usually  has  no  difficulty  in  obtaining 
reproducible  readings  to  about  —0.1  dial  division  at  zero  load.  Different 
operators  will  obtain  zero-load  readings  that  differ  by  more  than  this 
amount,  as  will  a  single  operator  if  he  uses  different  sound  intensities  and 
different  lengths  of  time  for  stopping  the  motion  of  the  reed.  As  deflec¬ 
tions  of  the  ring  are  the  differences  between  zero-load  readings  and  load 
readings,  it  is  important  that  the  operator  adjust  the  dial  in  the  same  way 
in  making  each  reading.  Different  operators  will  obtain  comparable 
deflections  even  though  their  methods  of  adjusting  the  dial  differ. 

With  the  electrically  driven  reed  the  best  results  are  obtained  by  turn¬ 
ing  the  dial  to  advance  the  button  just  far  enough  to  interfere  with  the 
vibration  of  the  reed.  This  condition  can  be  detected  better  by  watching 
the  change  in  amplitude  of  the  reed  than  by  listening  for  the  change  in 
intensity  or  frequency  of  the  sound.  Readings  taken  by  advancing  the 
button  until  a  large  change  in  amplitude  is  produced  pr  until  the  motion 
is  nearly  stopped  have  been  found  much  less  reliable  than  readings  taken 
in  the  manner  described  above. 

Experience  indicates  that  the  combination  of  a  well-made  micrometer 
screw.and  vibrating  reed  is  about  equal  in  sensitivity  and  superior  in  rug¬ 
gedness  and  accuracy  to  dial  micrometers  for  measuring  the  deflections 
of  elastic  devices.  The  best  dial  micrometers  commercially  available  have 
errors  several  times  the  errors  of  well-made  micrometer  screws.  For  this 
reason,  the  American  Society  for  Testing  Materials  [6]  permits  the 
use  of  devices  having  dial  micrometers  only  at  the  test  loads  for  which 
they  have  been  calibrated. 
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(d)  DEFLECTION 


Proving  rings  are  usually  designed  to  have  a  deflection  of  0.05  to  0.10  in. 
under  capacity  load.  The  dimensions  of  a  ring  that  will  have  approxi¬ 
mately  a  desired  deflection  may  be  computed  by  means  of  equations 
given  in  engineering  textbooks.  Equations  for  computing  the  deflection 
of  plain  rings  loaded  at  opposite  ends  of  a  diameter  have  been  published 
by  Timoshenko,  Bach  and  Baumann,  and  Larard  [7,  8,  9, 10],  For  a  plain 
ring  having  a  rectangular  cross  section,  the  equation  given  by  Timoshenko 
reduces  to  the  following: 


-  m\i  -*(l~  £)  +  f  [f  (‘  -  0  +  °-2fi5'  ] 


where 


d  =  deflection  of  the  ring  in  the  direction  of  the  loaded  diam¬ 
eter,  in. 


P  =  applied  load,  lb 

r  =  radius  of  the  centerline  of  the  ring,  in. 

E  —  Young’s  modulus  of  elasticity  for  the  material  of  the  ring, 
lb/in.2 

I  —  width  of  the  cross  section  of  the  ring,  in. 

/.  =  thickness  of  the  cross  section  of  the  ring,  in. 
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Actually,  the  measured  deflections  of  proving  rings  are  about  25  per¬ 
cent  less  than  the  deflections  computed  by  means  of  equations  derived 
for  plain  rings  because  of  the  stiffening  effect,  of  the  integral  bosses.  As 
the  relationship  between  the  deflection  of  a  proving  ring  and  the  applied 
load  is  determined  by  applying  accurately  known  forces  to  the  ring,  the 
derivation  of  an  equation  which  would  take  into  account  the  stiffening 
effect  of  the  bosses  is  unnecessary. 


(e)  STRESS 


To  obtain  satisfactory  elastic  behavior  of  a  ring,  the  maximum  stress 
must  be  less  than  the  stress  required  to  produce  an  appreciable  permanent 
set  in  the  material.  Equations  for  computing  the  maximum  bending 
moment  in  a  plain  ring  loaded  at  opposite  ends  of  a  diameter  are  given 
by  Timoshenko,  Bach  and  Baumann,  and  Larard  [7,  8,  9,  10].  The  fol¬ 
lowing  equation  derived  from  Timoshenko’s  results  gives  the  maximum 
stress  for  a  ring  having  a  rectangular  cross  section: 


where 

®max 


maximum  fiber  stress  across  the  inner  cylindrical  elements 
passing  through  the  load  line,  lb/in.2 
applied  load,  lb 

radius  of  the  centerline  of  the  ring.  in. 
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width  of  the  cross  section  of  the  ring,  in. 
thickness  of  the  cross  section  of  the  ring,  in. 
t 

'  I- 

log,t  2  r 

i-ii 

2  r 

This  equation  for  plain  rings  does  not  apply  accurately  to  proving 
rings  having  integral  bosses  (fig.  1)  because  the  bosses  influence  the  stress 
distribution  in  the  plane  containing  the  maximum  bending  moment. 
Experience  has  demonstrated  that  stress  values  calculated  by  the  above 
equation  are  satisfactory  for  design  purposes,  provided  there  are  adequate 
fillets  where  the  bosses  join  the  ring  and  no  “stress  raisers”  are  present. 
Breakage  of  some  rings  through  holes  and  stamped  numbers  has  indi¬ 
cated  the  desirability  of  avoiding  holes,  stamped  numbers,  tool  marks, 
cracks,  etc. 

Except  for  rings  having  deflection-measuring  apparatus  attached  by 
means  of  plugs  or  screws,  computed  working  stresses  as  high  as  150,000 
to  165,000  lb/in.2  have  been  found  satisfactory. 

(f)  MATERIAL  AND  FINISH 

Proving  rings  are  usually  made  of  alloy  steel,  rough-machined  from 
annealed  forgings,  heat  treated,  and  then  ground  to  size.  Probably  rings 
unpolished  after  heat  treatment  or  finished  by  some  other  method  would 
be  satisfactory.  One  chromium-plated  ring  has  given  satisfactory  service 
for  several  years  at  the  Bureau. 

Satisfactory  proving  rings  designed  along  the  lines  indicated  in  the 
preceding  sections  have  been  made  from  a  steel  having  the  following 
chemical  composition:  Carbon,  0.50  percent;  chromium,  1.00  percent;  and 
nickel,  1.75  percent.  This  steel  is  heat  treated  to  give  about  th$  following 


properties  in  tensile  tests: 

Yield  strength  (offset=0.05  percent) . 210,000  lb/in.2 

Tensile  strength  . 230,000  lb/in.2 

Elongation  in  2  inches .  8  percent. 


III.  CALIBRATION 
1.  GENERAL 

All  proving  rings  submitted  for  calibration  at  the  National  Bureau  of 
Standards  are  calibrated  for  compliance  with  the  performance  specifica¬ 
tion  given  in  the  appendix,  section  VIII.  This  specification  does  not  give 
detailed  requirements  for  the  design  of  proving  rings,  but  it  does  include 
performance  requirements  that  have  been  found  necessary  to  insure  that 
rings  will  maintain  their  calibrations  satisfactorily  with  ordinary  use 
and  with  the  handling  to  which  rings  shipped  by  commercial  carriers  are 
subjected. 

Proving  rings  are  calibrated  by  determining  the  relationship  between 
accurately  known  forces  and  the  corresponding  deflections. 

2.  LOADS  NOT  EXCEEDING  111,000  LB 

Two  dead-weight  testing  machines  [4]  have  been  installed  at  the 
National  Bureau  of  Standards  for  calibrating  elastic  calibration  devices. 


I  = 
t  = 

e  = 
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With  the  larger  machine,  compressive  and  tensile  loads  from  2,000  lb  to 
111,000  lb  by  1,000-lb  increments  may  be  applied.  With  the  smaller 
machine,  loads  from  200  lb  to  10,100  lb  by  100-lb  increments  may  be 
applied.  The  errors  of  the  weights  do  not  exceed  about  0.01  percent. 

3.  LOADS  EXCEEDING  111,000  LB 

Calibration  loads  exceeding  111,000  lb  are  applied  to  large  proving 
rings  by  means  of  three,  calibrated  100,000-lb-capacity  proving  rings  as 
shown  in  figure  4.  The  three  nearly  identical  calibrated  rings  are  placed 


Fir; u he  4. — Calibration  of  a  proving  ring  for  loads  exceeding  111,000  lb  by  means  of 
three  calibrated  100,000-lb-capacity  proving  rings. 
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in  a  vertical  testing  machine  at  the  corners  of  a  triangle  so  oriented  that 
the  centroid  of  the  triangle  lies  on  the  axis  of  the  machine.  A  thick  steel 
plate  is  placed  over  the  upper  bosses  of  the  three  rings.  The  ring  to  be 
calibrated  is  placed  on  a  hardened  block  on  the  plate  above  the  three 
rings  and  so  located  that  when  forces  are  applied  to  the  rings  by  means  of 
the  testing  machine,  the  deflections  of  the  three  lower  rings  are  equalized 
to  within  about  1  percent. 

During  the  calibration  the  load  indicated  by  the  testing  machine  is 
disregarded.  The  four  proving  rings  are  read  simultaneously  while  the 
load  is  held  constant  or  increased  very  slowly.  The  force  applied  to  the 
ring  being  calibrated  is  the  sum  of  the  forces  measured  by  the  three  pre¬ 
viously  calibrated  rings. 

This  method  of  calibration  has  been  used  for  loads  up  to  300,000  lb,  the 
capacity  load  of  the  largest  compression  ring  submitted  for  calibration. 
The  errors  of  measuring  the  load  applied  to  the  ring  being  calibrated 
do  not  exceed  0.1  percent.  Calibration  'factors  (see  below)  computed 
from  results  obtained  in  the  dead-weight  machine  and  from  results 
obtained  on  the  same  rings  by  the  method  described  fit  smooth  curves 
qbout  equally  well.  The  relatively  smaller  observational  error  in  deter¬ 
mining  the  deflection  of  the  ring  for  the  higher  loads  compensates  for  the 
greater  errors  of  the  loads  measured  with  the  three  rings  so  that  the 
departure  of  individual  calibration  factors  is  little  greater  for  a  given  ring 
for  loads  exceeding  111,000  lb  than  for  loads  applied  by  dead  weights. 

4.  LOADING  PROCEDURE 

Proving  rings  are  calibrated  by  increasing  the  loads  to  the  test  loads. 
Compressive  loads,  except  those  on  concave  and  convex  bearing  blocks 
[appendix,  paragraph  II-5  (d)  ] ,  are  applied  to  the  lower  boss  of  a  ring 
through  a  plane,  hardened  steel  bearing  block  and  to  the  upper  boss  either 
through  a  ball  or  a  soft-steel  block.  Tensile  loads  are  applied  to  a  ring 
through  pulling  rods  provided  with  the  ring.  The  tension  fittings  usually 
include  two  or  more  spherical  bearings  so  that  the  ring  will  not  be  loaded 
eccentrically. 

Proving  rings  are  usually  calibrated  for  10  approximately  equally 
spaced  loads  from  10-percent-capacity  load  to  capacity  load.  A  prelim¬ 
inary  preload  to  capacity  is  desirable  to  stabilize  the  no-load  reading  of 
the  ring.  Before  and  after  each  load  reading,  a  no-load  reading  of  the 
ring  is  observed.  The  deflection  of  the  ring  is  computed  as  the  difference 
between  the  load  reading  and  the  average  of  the  no-load  readings  observed 
immediately  before  and  after  the  application  of  the  load.  For  each  deflec¬ 
tion  the  calibration  factor,  which  is  the  ratio  of  the  load  to  the  correspond¬ 
ing  deflection,  is  computed. 

5.  CALIBRATION  GRAPH 

The  calibration  factors  are  plotted  on  the  calibration  graph  as  a  func¬ 
tion  of  the  deflection,  as  shown  in  figure  5.  Well-made  rings  in  good 
condition  exhibit  a  nearly  linear  relationship  between  the  calibration 
factors  and  the  deflection.  The  calibration  factor-  for  compression  rings 
decreases  with  increasing  ring  deflection,  as  shown  in  figure  5.  The  cali¬ 
bration  factor  for  tension  rings  increases  with  increasing  ring  deflection. 

In  using  the  ring  the  load  is  computed  from  the  ring  readings  by  multi¬ 
plying  the  ring  deflection  by  the  calibration  factor  read  from  the  calibra¬ 
tion  graph. 
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Figure  5. — -Calibration  graph  for  50 ,000-lb-capacity  compression  proving  ring. 

Line  “a”  represents  the  calibration  line  for  70°  F;  line  “b”  represents  the  specification  limits. 


6.  TEMPERATURE  COEFFICIENT 

Because  the  dimensions  and  the  elastic  properties  of  a  ring  change  with 
temperature,  the  deflection  of  a  ring  for  a  given  load  varies  with  the  tem¬ 
perature.  The  variation  is  not  large  for  small  temperature  changes; 
usually  it  is  less  than  0.02  percent  per  degree  Fahrenheit.  Calibration 
results  for  proving  rings  are  given  for  a  temperature  of  70°  F.  When  the 
rings  are  used  to  calibrate  testing  machines  and  the  ring  temperature  is 
different  from  70°  F,  the  results  may  be  corrected  for  temperature  by 
the  formula 


t/ 70  —  dt  [L  +  K.  ft  —  f0)J, 


where 

d^o  =  deflection  of  ring  at  a  temperature  of  70°  F 
dt  =  deflection  of  ring  at  a  temperature  of  t  degrees  Fahrenheit 
K  =  temperature  coefficient  of  the  ring 
t  —  temperature,  degrees  Fahrenheit,  during  test. 


The  temperature  coefficient,  K,  depends  primarily  upon  the  tempera¬ 
ture  coefficient  of  Young’s  modulus  for  the  material  of  the  ring. 
The  temperature  coefficient  of  Young’s  modulus  for  steels  depends 
upon  the  chemical  composition  of  the  steel  and  its  heat  treatment.  For 
rings  made  of  steels  having  a  total  alloying  content  not  exceeding  5  per¬ 
cent,  the  value  K  =  —  0.00015  per  degree  Fahrenheit  has  been  found 
sufficiently  accurate.  For  some  other  steels,  values  of  the  temperature 
coefficient  of  Young’s  modulus  of  elasticity,  that  would  result  in  values 
of  K  ranging  from  —  0.00011  to  —  0.00024  have  been  observed.  Most 
of  the  proving  rings  submitted  for  calibration  are  made  of  steel  having 
a  total  alloying  content  not  exceeding  5  percent. 

Calibrations  of  proving  rings  in  the  dead-weight  machines  at  the 
National  Bureau  of  Standards  are  made  at  70°  F  whereas  calibrations 
at  loads  beyond  the  capacity  of  these  machines  are  made  at  room  tem¬ 
perature  usually  in  the  range  65°  to  90°  F,  and  then  corrected  to  70°  F. 
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IV.  USE 

1.  CALIBRATION  OF  TESTING  MACHINES 

Proving  rings  are  used  primarily  for  calibrating  testing  machines,  the 
purpose  for  which  they  were  developed.  In  figure  6,  a  100,000-lb-eapacity 
compression  proving  ring  is  shown  in  a  vertical  hydraulic  testing  ma- 


Figtjre  6. — Proving  ring  in  testing  machine  ready  for  the  calibration  of  the 
testing  machine  in  compression. 

chine.  The  ring,  together  with  bearing  blocks  through  which  the  loads 
are  applied  to  the  external  bosses,  takes  the  place  of  the  specimen  in  the 
machine.  When  rings  are  used  for  calibrating  horizontal  testing  ma¬ 
chines,  the  no-load  ring  readings  are  taken  with  the  rings  supported  by 
their  external  bosses. 

In  carrying  out  a  calibration,  two  operators  are  required  to  read  the 
indicated  load  of  the  testing  machine  and  the  ring  simultaneously.  The 
temperature  of  the  air  near  the  ring  is  recorded  so  that  the  proper  temper¬ 
ature  corrections  may  be  applied. 

A  sample  data  sheet  for  the  partial  calibration  of  one  scale  range  of  a 
testing  machine  is  given  in  table  1. 

The  results  in  the  first  three  columns  of  table  1  were  observed  during 
the  calibration.  The  results  in  the  fourth  column  were  obtained  by  sub¬ 
tracting  froip  each  load  reading  the  average  of  the  no-load  readings 
taken  before  and  after  the  load  reading.  The  ring  load  was  computed  by 
multiplying  the  ring  deflection  for  70°  F  by  the  corresponding  calibration 
factor.  The  error  in  pounds  was  computed  by  subtracting  the  ring  load 
from  the  machine  reading. 
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Table  1  .—Data  sheet  for  the  partial  calibration  of  200,000-lb  scale  range  oj  hydraulic 
testing  machine  with  a  100 ,000 -lb-capacity  proving  ring 


Machine 

reading 

Tem¬ 

perature 

Ring 

reading 

Ring 

deflec¬ 

tion 

Ring 
deflec¬ 
tion  for 
70°  F 

Calibra¬ 

tion, 

factor0 

Ring 

load 

Error 

of 

testing 

machine 

Percentage 
error  of 
testing 
machine 

lb 

0 _ 

60 ,000  _ 

0 

°  F 

79 

die. 

32.1 
442  7 

32.1 
581.2 

32.2 
719.6 

32.2 

442.8 
32.2 

580.8 
32.2 

719.4 

31.8 

die. 

div. 

lb/ die. 

lb 

lb 

410.6 

410.05 

145.85 

59,806 

+  194 

+  0.32 

80 ,000  _ 

0 

549.05 

548.31 

145.58 

79,823^ 

+  177 

+  .22 

100,000  _ 
0 

687.4 

686.47 

145.31 

99,751 

+  249 

-f-  .25 

60 ,000  _ . 
0 

410.6 

410.05 

145.85 

59,806 

+  194 

+  .32 

80,000. 

0  _  „ 

- - 

548.6 

547.86 

145.58 

79,757 

+  243 

+  .30 

100,000- 
0 _ 

79 

687.4 

686.47 

145.31 

99,751 

+  249 

“I-  .25 

?  Ring  deflection  for  70°  F  =  Ring  deflection  for  79°  F  (1  —  9  X  0.00015) 

°  Read  from  the  calibration  curve  or  calculated  from  the  equation: 

Calibration  factor  =  146  66  —  0.00197  X  deflection  for  70°  F. 


To  obtain  information  concerning  the  reproducibility  of  the  readings 
of  a  testing  machine  the  errors  are  frequently  determined  for  two  or  more 
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-Calibration  residts  obtained  on  a  200 ,000-lb-capacity  testing  machine 
in  need  oj  repairs. 
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Figure  8. — Calibration  results  obtained  on  a  200 ,000-lb-capacity  testing  machine 

in  good  condition. 
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applications  of  the  same  indicated  testing-machine  loads.  The  results  of 
complete  calibrations  of  two  testing  machines  are  given  in  figures  7  and  8 
to  illustrate  results  for  machines  in  unsatisfactory  and  satisfactory  con¬ 
ditions.  The  American  Society  for  Testing  Materials  [6]  tolerance  lines 
of  —  1  percent  are  shown  by  the  dashed  lines.  The  machine  found  to  be 
unsatisfactory  (fig.  7)  had  been  in  regular  use  prior  to  its  calibration. 

Several  rings  may  be  used  together,  as  shown  in  figure  9,  to  calibrate 
machines  having  capacities  exceeding  the  capacity  of  a  single  ring.  The 


Figure  9 .—Eight  compression  proving  rings  arranged  to  be  loaded  in  parallel  to 
obtain  test  loads  equal  to  the  sum  of  the  forces  applied  to  the  individual  rings. 

indicated  load  of  the  testing  machine  and  the  rings  are  read  simulta¬ 
neously,  and  the  ring  load  is  computed  as  the  sum  of  the  loads  carried 
by  the  individual  rings.  By  this  method,  calibrations  have  been  made 
with  proving  rings  for  loads  up  to  about  2  million  pounds. 

2.  OTHER  USES 

Proving  rings  have  also  been  used  as  dynamometers,  for  weighing 
elevator  cars,  and  for  weighing  bridge  reactions  [11]. 

V.  ERRORS 

1.  ERRORS  DUE  TO  VARIATIONS  IN  LOADING  SCHEDULE 

During  calibration  proving  rings  are  read  within  a  few  seconds  after 
the  load  is  applied  or  removed  and  a  no-load  reading  is  observed  before 
and  after  each  load  reading.  It  is  not  always  possible  to  follow  such  a 
time  schedule  in  using  proving  rings,  and  it  is  sometimes  necessary  to 
use  them  for  measuring  decreasing  as  well  as  increasing  loads.  To  de- 
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termine  the  errors  that  might  result  from  such  variations  in  the  condi¬ 
tions  of  use,  dead-weight  tests  at  70°  F  were  made  on  three  rings  having 
capacities  of  3,000  kg,  20,000  lb,  and  100,000  lb.  Each  of  the  rings  had 
been  calibrated  and  found  to  comply  with  the  requirements  of  the 
specification  given  in  the  appendix. 

After  having  been  unloaded  for  more  than  24  hours,  each  ring  was 
loaded  to  capacity  and  kept  under  capacity  load  for  3  hours.  Ring 
readings  were  observed  as  soon  as  possible  after  the  load  was  fully 
applied  and  again  after  intervals  from  x/>  minute  to  3  hours  after  appli¬ 
cation.  The  maximum  observed  creep  under  capacity  load  for  the  3-hour 
period  was  0.05  division,  or  0.01  percent  of  the  capacity  load. 

After  each  ring  had  remained  under  capacity  load  for  3  hours,  the 
load  was  completely  removed.  The  no-load  reading  of  the  ring  was 
observed  as  soon  as  possible  and  again  after  intervals  from  V2  minute 
to  3  hours  after  removal  of  the  load.  In  every  case  the  no-load  reading 
changed  during  the  first  half-hour  of  the  3-hour  period.  The  maximum 
observed  zero  shift  was  0.4  division,  or  0.06  percent  of  the  capacity 
deflection.  Within  32  minutes  for  the  3,000-kg  and  20,000-lb  rings  and 
within  64  minutes  for  the  100,000-lb  ring,  the  no-load  readings  equalled 
the  no-load  reading  observed  before  the  application  of  the  capacity  load. 

The  hysteresis  at  half-capacity  load  was  determined  for  each  ring 
by  computing  the  difference  between  the  ring  readings  at  half-capacity 
load  observed  before  and  after  the  application  of  capacity  load.  The 
results  indicated  a  hysteresis  of  0.10  percent  for  the  3,000-kg  and 
100,000-lb  rings  and  0.15  percent  for  the  20,000-lb  ring. 

2.  ERRORS  DUE  TO  INSTANTANEOUS  TEMPERATURE  EFFECT 

W1  len  a  proving  ring  is  loaded,  both  tensile  and  compressive  stresses 
are  set  up  in  the  material  of  the  ring.  An  increase  in  temperature 
occurs  in  the  material  subjected  to  compressive  stresses,  and  a  decrease 
in  temperature  occurs  in  the  material  subjected  to  tensile  stresses 
1 12,  13].  Consequently,  the  reading  of  a  suddenly  loaded  (or  unloaded) 
proving  ring  changes  as  the  temperature  .throughout  the  material  of  the 
ring  becomes  equalized.  This  equalization  occurs  so  rapidly  that  it  may 
be  ignored  without  significant  error  in  rings  not  exceeding  100,000-lb 
capacity.  For  larger  rings,  errors  due  to  this  cause  become  negligible 
if  readings  are  taken  no  sooner  than  30  seconds  after  removal  of  load. 
No  delay  in  taking  readings  under  load  is  necessary  because  with  ordi¬ 
nary  testing  machines  the  time  required  to  apply  and  adjust  the  test 
load  and  read  the  ring  is  great  enough  to  permit  nearly  complete 
temperature  equalization. 

3.  ERRORS  DUE  TO  ANGLE  OF  LOAD  LINE 

If  a  proving  ring  is  loaded  through  suitable  bearing  blocks  or  tension 
fittings  in  a  testing  machine  whose  platens  are  plane  and  parallel,  the 
load  line  will  be  very  nearly  coincident  with  the  axis  of  the  bosses  of 
the  ring.  For  compression  rings  a  lack  of  parallelism  of  the  heads  of 
the  testing  machine  may  result  in  an  inclination  of  the  load  line  with 
respect  to  the  axis  of  the  bosses  of  the  ring. 

To  determine  the  magnitude  of  the  error  introduced  by  an  inclination 
of  the  load  line,  a  100,000-lb-capacity  compression  proving  ring  was 
loaded  in  the  111,000-lb-capacity  dead-weight  machine  through  2-  and 
4-degree  wedges,  as  shown  in  figure  10.  The  errors  resulting  from  these 
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Figure  10. — Effect  of  the  angle  of  the  load  line  on  the  calibration  of  a  100,000-lb- 

capacity  proving  ring. 

conditions  of  loading  are  plotted  in  percent  as  a  function  of  the  applied 
load.  The  maximum  errors  introduced  by  the  2-degree  wedges  were 
about  0.17  percent  at  20-percent-capacity  load  and  0.1  percent  at  capac¬ 
ity  load,  values  which  do  not  exceed  the  tolerances  of  0.5  percent  and 
0.1  percent,  respectively,  given  in  the  Bureau  specification  for  proving 
rings.  The  maximum  error  reduced  by  the  4-degree  wedges  was 
about  0.46  percent  at  capacity  load. 

As  an  angle  of  less  than  2  degrees  can  easily  be  detected  by  inspec¬ 
tion,  there  is  no  reason  for  the  occurrence  of  appreciable  errors  due  to 
inclination  of  the  load  line. 

4.  ERRORS  DUE  TO  CHANGE  OF  CALIBRATION  WITH  TIME 

The  relationship  between  the  deflection  of  a  proving  ring  and  the 
applied  load  depends  not  only  upon  the  dimensions  of  the  ring  but  also 
upon  the  elastic  constants  of  the  material  of  the  ring.  Provided  the 
dimensions  are  not  altered  by  removing  material  or  by  plating  the 
surface,  and  provided  a  ring  has  not  been  overloaded  or  subjected  to 
sufficient  wear  to  introduce  errors  from  these  causes,  -  a  study  of  the 
constancy  of  the  calibration  with  time  may  be  expected  to  indicate  the 
magnitude  of  any  change  in  elastic  constants  with  time. 

Experience  indicates  that  there  is  no  appreciable  aging  effect  for  rings 
made  of  the  steel  described  on  page  7.  The  results  of  a  study  of  the 
calibrations  of  three  300,000-lb-capacity  rings  for  a  12-year  period  are 
given  in  figure  11.  Each  ring  was  calibrated  seven  times  during  this 
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Figure  11. — Effect  of  time  and  use  on  the  calibrations  of  three  proving  rings  for 
calibrations  spaced  over  a  period  of  years. 

The  dashed  line  represents  the  averagg  of  the  individual  calibration  lines  indicated  by  the  light  lines 
which  were  drawn  to  represent  experimental  points  not  shown.  The  curved  lines  are  the  specification 
limits  corresponding  to  the  average  calibration  line. 

period.  The  individual  lines  drawn  to  represent  each  calibration  are 
shown  as  solid  lines.  An  “average”  calibration  line  for  each  ring  is 
shown  by  a  dashed  line.  Specification  limits  corresponding  to  the  dashed 
line,  computed  as  defined  in  the  appendix,  are  shown  for  each  ring.  It 
is  evident  that  the  changes  in  calibration  with  time  are  small  compared 
to  the  tolerances  for  constancy.  Furthermore,  the  small  changes  ob¬ 
served  indicated  no  progressive  trend  but  were  apparently  random 
changes  of  a  magnitude  about  equal  to  the  experimental  error  of  deter¬ 
mining  a  given  calibration  line.  Experience  with  other  capacities  of  rings 
is  in  accord  with  the  results  given  for  the  300,000-lb  rings. 
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5.  ERRORS  DUE  TO  WEAR 

Each  time  the  reading  of  a  proving  ring  is  observed,  the  end  of  the 
vibrating  reed  repeatedly  strikes  the  button  on  the  spindle  of  the 
micrometer  screw,  tending  to  wear  the  contacting  surfaces.  Although 
the  rate  at  which  metal  is  worn  away  varies  with  the  operator  and 
frequency  of  use,  ultimately  the  alteration  in  the  shapes  of  the  surfaces 
leads  to  errors  in  the  measured  deflections  of  the  ring. 

Errors  ol  this  type  generally  may  be  observed  as  a  cyclic  departure 
of  the  calibration  points  from  the  straight  line  of  the  calibration  curve, 
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Figure  12. — Effect  of  wear  on  the  calibration  results. 

A,  Original  calibration  of  a  new  ring;  B,  calibration  of  the  same  ring  after  considerable  use;  and 
C,  calibration  of  the  same  ring  after  reconditioning  of  the  worn  surfaces  of  the  deflection-measuring 
apparatus  after  the  calibration  marked  B. 
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as  shown  in  figure  12.  In  this  figure,  A  shows  the  original  calibration 
of  a  100,000-lb-capacity  ring,  B  shows  the  calibration  made  after  con¬ 
siderable  use,  and  C  shows  the  calibration  made  after  the  worn  surfaces 
of  the  deflection-measuring  apparatus  had  been  refinished.  Experience 
indicates  that  for  rings  used  frequently  the  worn  surfaces  should  be 
refinished  at  intervals  of  2  or  3  years. 

The  calibration  of  a  ring  that  has  been  overloaded  sufficiently  to 
produce  a  set  is  permanently  changed,  and  the  ring  should  be  recali¬ 
brated  after  any  necessary  repairs.  A  considerable  number  of  rings 
have  been  recalibrated  after  having  been  overloaded  and  reconditioned 
and  have  shown  satisfactory  performance. 

VI.  CONCLUSIONS 

Proving  rings  that  comply  with  the  specification  included  in  the 
appendix  are  suitable  for  determining  the  errors  of  the  indicated  loads 
of  testing  machines.  Such  rings,  provided  they  are  not  overloaded,  sub¬ 
jected  to  excessive  wear  or  otherwise  damaged,  maintain  their  calibra¬ 
tions  without  significant  change  over  periods  as  long  as  12  years.  How¬ 
ever,  it  is  recommended  that  rings  be  recalibrated  after  intervals  of 
from  1  to  2  years.  Even  under  unusual  conditions  of  use  the  errors  of 
proving  rings  certified  to  comply  with  the  specification  given  in  the 
appendix  are  small  compared  to  the  generally  recognized  tolerance  of 
±1  percent  for  testing  machines. 
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VIII.  APPENDIX 

NATIONAL  BUREAU  OF  STANDARDS 
SPECIFICATION  FOR  PROVING  RINGS 
FOR 

CALIBRATING  TESTING  MACHINES 

(Letter  Circular  LC  822,  April  15,  1946) 


INTRODUCTION 

1  he  National  Bureau  of  Standards  has  had  more  than  twenty-five  years  of  experi¬ 
ence  in  calibrating  testing  machines  which  apply  forces  to  engineering  materials. 
This  experience  has  indicated  the  advisability  of  frequent  periodic  calibration  of 
such  machines,  if  reliable  test  results  are  to  be  obtained.  It  also  indicated  the  need 
for  a  calibrating  device  which  would  be  sufficiently  accurate  for  the  purpose  and  at 
the  same  time  more  readily  portable  and  convenient  in  use  than  the  devices  previ¬ 
ously  available.  Proving  rings  were  developed  at  the  National  Bureau  of  Standards 
to  meet  this  need. 

This  specification  is  the  result  of  over  20  years’  experience  in  the  development  of 
proving  rings  and  in  calibrating  them  periodically  in  dead-weight  calibrating  ma¬ 
chines.  It  contains  requirements  which  have  been  found  necessary  to  insure  that 
proving  rings  complying  with  them  will  be  satisfactory,  reliable  instruments  for 
calibrating  testing  machines. 

These  technical  requirements  are  identical  with  those  in  Letter  Circular  657, 
which  this  specification  supersedes.  The  simplified  procedure  for  the  recalibration 
of  rings  previously  certified  is  justified  by  the  experience  of  the  past  7  years. 

I.  DEFINITIONS 

1.  PROVING  RING 

A  proving  ring  is  an  elastic  ring,  suitable  for  calibrating  a  testing  machine,  in 
which  the  deflection  of  the  ring  when  loaded  along  a  diameter  is  measured  by  means 
of  a  micrometer  screw  and  a  vibrating  reed  mounted  diametrically  in  the  ring. 

2.  READING 

A  reading  is  the  value  indicated  by  the  micrometer  dial  when  it  has  been  adjusted 
to  contact  the  vibrating  reed. 

3.  DEFLECTION 

The  deflection  of  the  ring  for  any  load  is  the  difference  between  the  reading  for 
that  load  and  the  reading  for  no  load. 

4.  CALIBRATION  FACTOR 

The  calibration  factor  for  a  given  deflection  is  the  ratio  of  the  corresponding  load 
to  the  deflection. 

II.  COMPLETE  CALIBRATION 

1.  MARKING 

The  maker’s  name,  the  capacity  load,  and  the  serial  number  of  the  ring  shall  be 
legibly  marked  upon  some  part  of  the  instrument. 

2.  MICROMETER  DIAL 

(a)  The  dial  of  the  micrometer  shall  be  of  the  uniformly  graduated  type.  When 
successive  graduation  lines  on  the  dial  are  set  to  one  fixed  index  line,  the  positions 
of  successive  graduation  lines  nearly  diametrically  opposite  referred  to  another  fixed 
index  shall  differ  from  each  other  by  not  more  than  1/20  of  the  smallest  division 
of  the  dial. 

(b)  The  smallest  division  of  the  dial  shall  be  not  less  than  0.05  inch  and  not  more 
than  0.10  inch. 

(c)  The  width  of  any  graduation  line  on  the  dial  shall  not  exceed  one-tenth  of 
the  average  distance  between  adjacent  graduation  lines. 

(d)  The  width  of  any  index  line  shall  be  not  less  than  0.75  and  not  more  than  1.25 
times  the  average  width  of  the  graduation  lines  on  the  dial. 

3.  OVERLOAD 

The  ring  shall  be  overloaded  repeatedly  to  a  load  of  not  less  than  9  percent  nor 
more  than  10  percent  in  excess  of  the  capacity  load.  The  difference  between  the 
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no-load  reading  after  the  first  overload  and  the  no-load  reading  after  any  subsequent 
overload  shall  not  exceed  one-tenth  of  one  percent  of  the  deflection  of  the  ring 
under  capacity  load. 

4.  STIFFNESS 

Under  the  capacity  load  the  ring  shall  deflect  not  Jpss  than  0.040  inch. 

5.  CONSTANCY 

(a)  Range  1/10  to  2/10-Capacity  Load. — The  observed  deflection  of  the  ring,  for 
an  applied  load  of  not  less  than  one-tenth  nor  more  than  two-tenths  of  the  capacity 
load,  shall  differ  from  the  average  of  at  least  three  successive  observations  for  the 
same  applied  load  by  not  more  than  one-half  of  one  percent  of  the  deflection  for  the 
applied  load. 

(b)  Range  2/10  to  Capacity  Load. — The  observed  deflection  of  the  ring,  for  any 
applied  load  not  less  than  two-tenths  nor  more  than  the  capacity  load,  shall  differ 
from  the  average  of  at  least  three  successive  observations  for  the  same  applied  load 
by  not  more  than  one-tenth  of  one  percent  of  the  deflection  for  the  capacity  load. 

(c)  Disassembling . — The  difference  between  the  deflections  of  the  ring,  observed 
before  and  after  the  deflection-measuring  apparatus  is  removed  and  then  replaced, 
shall  be  not  greater  than  the  maxima  specified  in  paragraphs  II-5(a)  and  II-5(b) 
of  this  specification,  under  the  loads  there  specified. 

(d)  Bearing  Blocks. — A  compression  proving  ring  shall  be  loaded  through  plane, 
concave,  and  convex  bearing  blocks.  The  deflections  of  the  proving  ring  for  the 
minimum  load  and  for  the  maximum  load  applied  by  dead  weights  during  the 
calibration  shall  be  determined  when  the  load  is  applied  to  the  lower  boss  of  Ihe 
ring  through  concave  and  convex  bearing  b}ocks.  The  difference  between  the  average 
deflections  observed  using  the  concave  bearing  block  and  the  average  deflections 
observed  using  a  plane  bearing  block  for  the  same  loads  shall  not  exceed  the  maxima 
specified  in  paragraphs  II-5(a)  and  II-5 (b )  of  this  specification.  The  differences 
between  the  average  deflections  observed  using  the  convex  bearing  block  and  the 
average  deflections  observed  using  a  plane  bearing  block  for  the  same  loads  shall 
not  exceed  the  maxima  specified  in  paragraphs  II-5 (a)  and  II-5 (b)  of  this  specifica¬ 
tion.  The  concave  and  convex  bearing  blocks  shall  comply  with  the  following 
requirements: 

(1)  They  shall  be  steel. 

(2)  The  Brinell  numbers  shall  be  not  less  than  400  and  not  more  than  600. 

(3)  The  radii  of  curvature  of  the  spherical  surfaces  shall  be  not  less  than  9  feet 

and  not  more  than  10  feet. 

III.  RECALIBRATION 

1.  CONSTANCY 

(a)  Range  1/10  to  2/ 10-Capacity  Load. — The  observed  deflection  of  the  ring,  for 
an  applied  load  of  not  less  than  one-tenth  nor  more  than  two-tenths  of  the  capacity 
load,  shall  differ  from  the  average  of  at  least  three  successive  observations  for  the 
same  applied  load  by  not  more  than  one-half  of  one  percent  of  the  deflection  for 
the  applied  load. 

(b)  Range  2/10  to  Capacity  Load. — The  observed  deflection  of  the  ring,  for  any 
applied  load  not  less  than  two-tenths  nor  more  than  the  capacity  load,  shall  differ 
from  the  average  of  at  least  three  successive  observations  for  the  same  applied  load 
by  not  more  than  one-tenth  of  one  percent  of  the  deflection  for  the  capacity  load. 

(c)  Comparison  with  Last  Calibration. — The  observed  deflections  of  the  ring 
during  recalibration  shall  differ  from  the  deflections  observed  at  the  time  of  the  last 
calibration  by  not  more  than  the  maxima  specified  in  paragraphs  III-l(a)  and 
III-l(b)  of  this  specification,  under  the  loads  there  specified. 

(d)  Alternative  Procedure. — If  the  ring  fails  to  comply  with  the  requirements  of 
paragraph  III-l(c)  of  this  specification,  the  deflection-measuring  apparatus  shall  be 
removed  and  then  replaced.  The  difference  between  the  deflections  observed  before 
and  after  this  is  done  shall  be  not  greater  than  the  maxima  specified  in  paragraphs 
III-l(a)  and  III-l(b)  of  this  specification,  under  the  loads  there  specified. 

IV.  METHOD  OF  CALIBRATION 

1.  COMPLETE  CALIBRATION 

The  proving  ring  shall  be  calibrated  in  accordance  with  the  requirements  given 
in  section  II,  Complete  Calibration: 

(a)  If  the  ring  has  not  been  calibrated  by  the  National  Bureau  of  Standards  since 
the  revision  of  this  specification  on  April  4,  1934. 
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(b)  If  the  ring  was  not  certified  when  last  calibrated  by  the  National  Bureau 
of  Standards. 

(c)  If  the  ring  has  been  repaired  or  modified  since  its  last  calibration  by  the 
National  Bureau  of  Standards. 

2.  RECALIBRATION 

Except  as  provided  in  paragraphs  IV-l(a),  IV-l(b),  and  IV-l(c),  Complete 
Calibration,  a  ring  shall  be  recalibrated  in  accordance  with  the  requirements  given 
in  section  III,  Recalibration. 

3.  LOADS  NOT  EXCEEDING  110,000  LB 

For  loads  not  exceeding  110,000  lb  the  proving  ring  shall  be  calibrated  by  apply¬ 
ing  dead  weights  known  to  within  0.02  percent. 

4.  LOADS  EXCEEDING  110,000  LB 

For  loads  exceeding  110,000  lb  the  applied  load  shall  be  known  to  within  0.1  percent  . 

5.  LOADING  PROCEDURE 

The  proving  ring  shall  be  calibrated  under  increasing  loads.  Compressive  loads, 
except  as  provided  in  paragraph  II-5(d),  shall  be  applied  to  the  lower  boss  of  the 
ring  through  a  plane,  hardened-steel  bearing  block  and  to  the  upper  boss  either 
through  a  ball  or  a  soft-steel  block.  Tensile  loads  shall  be  applied  to  the  ring 
through  the  pulling  rods  provided  with  the  ring. 

6.  TEMPERATURE  CORRECTION 

To  compensate  for  temperature  changes  which  occur  during  calibration,  the 
deflections  of  the  proving  ring  shall  be  corrected  for  temperature  using  the  formula 

dio  =  dt  [  1  — |—  /s.  (7  —  70)] , 
where 

d™  =  deflection  of  ring  at  a  temperature  of  70°  Fahrenheit 

dt  =  deflection  of  ring  at  a  temperature  of  t  degrees  Fahrenheit 

K  -  temperature  coefficient 

t  =  temperature,  degrees  Fahrenheit,  during  test. 

The  coefficient  K  depends  upon  the  chemical  composition  of  the  steel  of  which  the 
ring  is  made  and  its  heat  treatment.  For  steels  having  a  total  alloying  content  not  ex¬ 
ceeding  five  percent,  the  value  K  =  —  0.00015  per  degree  Fahrenheit  is  sufficiently 
accurate.  For  some  other  steels,  values  of.  K  have  been  found  ranging  from  —  0.0001 1 
to  —  0.00024.  When  the  proving  ring  is  submitted  for  calibration,  the  value  of  K  shall 
be  furnished  this  Bureau  by  the  person  submitting  the  ring  or  by  the  manufacturer 
of  the  ring. 


V.  METHOD  OF  REPORTING  RESULTS 

1.  CERTIFICATES  OF  CALIBRATION 

For  a  ring  which  complies  with  the  requirements  of  this  specification,  a  certificate 
of  calibration  will  be  issued  including  a  calibration  graph  showing  the  calibration 
factor  as  a  function  of  the  ring  deflection. 

2.  REPORTS 

For  a  ring  which  does  not  comply  with  the  requirements  of  this  specification,  a 
report  will  be  issued  giving  the  results  in  the  form  of  a  table  and  stating  wherein 
the  ring  fails  to  comply. 


Washington,  March  25,  1946. 
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The  calibration  of  testing  machines,  for  applying  forces  to  specimens 
of  engineering  materials  and  structures,  has  long  been  recognized  as 
an  important  problem  by  both  producers  and  users  of  engineering 
materials.  Many  methods  of  calibration  have  been  devised  for 
calibrating  small  testing  machines,  but  only  by  means  of  elastic 
calibration  devices  can  the  larger  testing  machines  be  calibrated  to 
capacity.  The  development  at  the  National  Bureau  of  Standards 
of  the  proving  ring,  one  type  of  elastic  calibration  device,  resulted  in  a 
greatly  increased  use  of  elastic  calibration  devices  and  made  necessary 
the  provision  of  facilities  for  the  calibration  of  such  devices.  The  two 
dead-weight  machines  described  in  this  Circular  were  designed  and 
installed  to  calibrate  such  devices.  In  these  machines  the  accurately 
known  tensile  or  compressive  forces  necessary  for  the  calibration  of 
elastic  devices  may  be  applied. 


Lyman  J.  Briggs,  Director. 
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DEAD-WEIGHT  MACHINES 
OF 

111,000  AND  10,100-POUND  CAPACITIES 


By  Bruce  L.  Wilson,  Douglas  R.  Tate,  and  George  Borkowski 


A  dead-weight  testing  machine  of  102,000-lb  capacity  was  installed  at  the 
National  Bureau  of  Standards  in  1927  to  provide  means  for  calibrating  elastic 
calibration  devices,  which  are  used  to  calibrate  force-indicating  testing  machines. 
To  obtain  a  larger  number  of  test  loads  the  original  machine  was  altered  by  the 
addition  of  nine  1,000-lb  weights  and  an  operating  mechanism.  To  obtain  the 
smaller  test  loads  necessary  for  the  calibration  of  elastic  calibration  devices  having 
smaller  capacities  a  new  machine  of  10,100-lb  capacity  was  installed.  The  two 
machines  are  described  and  the  errors  of  the  weights  of  the  machines  are  discussed. 
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I.  INTRODUCTION 

To  meet  the  increasing  need  for  determining  the  errors  in  the  force 
indications  of  testing  machines  used  for  determining  the  strength  and 
other  properties  of  structural  materials,  the  Whittemore-Petrenko 
proving  ring,1  one  type  of  elastic  calibration  device,  was  developed. 
Briefly,  this  device  consists  of  a  heat-treated  steel  ring  having  integral 
external  bosses  through  which  forces  are  applied  to  the  ring  and  integ¬ 
ral  internal  bosses  to  which  a  vibrating  reed  and  micrometer  screw 
deflection-measuring  apparatus  is  attached.  The  deflection  of  such 
a  ring  bears  a  definite  relationship  to  the  applied  load.  After  this 
relationship  has  been  determined  by  applying  accurately  known  forces 
to  the  ring  in  dead-weight  machines,2  the  ring  may  be  used  to  deter¬ 
mine  the  errors  of  the  indicated  loads  of  testing  machines.  The 
development  of  the  proving  ring,  which  made  available  a  convenient, 
accurate,  portable  calibrating  device,  led  to  a  greatly  increased  use  of 
elastic  calibration  devices,  displacing  some  of  the  other  methods  of 
calibration  which  are  outlined  in  the  American  Society  for  Testing 
Materials  Standard  Methods  of  Verification  of  Testing  Machines.3 

1  Proving  ring.  U.  S.  Patents  1,648,375  and  1,927,478,  issued  to  H.  L.  Whittemore  and  S.  N.  Petrenko. 

2 1..  B.  Tuckerman,  H.  L.  Whittemore,  and  S.  N.  Petrenko,  A  new  dead-weight  testing  machine  of  100,000- 
pounds  capacity,  BS  J.  Research  4,  261  (1930)  RP147. 

3  Am.  Soc.  Testing  Materials  Standards  I,  889  (1942). 
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They  are  used  for  the  original  adjustment  of  the  weighing  systems  of 
new  machines  and  for  the  regular  recalibration  of  machines.  This 
has  led  to  a  greatly  increased  demand  for  the  calibration  of  elastic 
calibration  devices  by  the  National  Bureau  of  Standards. 

Experience  in  using  the  102,000-lb-capacity  dead-weight  machine 
installed  at  the  Bureau  in  1927  (see  footnote  2)  indicated  the  necessity 
of  applying  8  or  10  different  test  loads  to  determine  with  sufficient 
accuracy  the  relationship  between  the  load  and  the  deflection  of  an 
elastic  calibration  device.  With  this  original  machine  only  11  test 
loads  from  2,000  lb  to  102,000  lb  by  10,000-lb  increments  could  be 
applied.  It  was,  therefore,  not  adequate  for  calibrating  devices  having 
capacities  less  than  about  100,000  lb. 

To  provide  adequate  facilities  for  calibrating  elastic  devices  having 
capacities  less  than  100,000  lb,  the  original  machine  was  altered,  and 
a  new,  smaller  machine  was  installed.  With  the  large  machine,  test 
loads  from  2,000  lb  tos  111,000  lb  by  1,000-lb  increments  may  now  be 
applied.  With  the  small  machine,  test  loads  from  200  lb  to  10,100 
lb  by  100-lb  increments  may  be  applied. 

The  machines  are  suitable  for  calibrating  elastic  calibration  de¬ 
vices,  but  they  are  not  suitable  for  determining  the  strengths  of 
materials  or  structures. 

II.  DESCRIPTION  OF  THE  111,000-POUND-CAPACITY 

MACHINE 

A  diagrammatic  sketch  of  the  111,000-lb-capacity  dead-weight 
machine  is  shown  in  figure  1.  Drawings  of  the  weight  linkages  and 
bevel  seats  are  shown  in  figure  2,  and  the  machine  is  shown  in  figures 
3,  4,  5,  and  6. 

The  machine  (fig.  1)  consists  essentially  of  a  hydraulic  jack,  an 
upper  and  a  lower  frame,  and  flat  cylindrical  weights.  The  weights, 
not  all  of  which  are  shown  in  the  sketch,  may  be  applied  to  the  lower 
frame.  The  upper  frame  is  supported  by  a  ball  that  rests  on  the  ram 
of  the  jack.  The  upper  frame  is  connected  to  the  lower  irame  only 
by  the  elastic  calibration  device.4  Loads  are  applied  to  the  calibration 
device  by  raising  the  upper  frame  with  the  jack.  The  calibration 
device,  being  connected  between  the  upper  and  lower  frames,  lifts  the 
lower  frame  and  the  weights  supported  by  it  as  the  upper  frame  is 
raised.  The  number  of  10,000-lb  weights  applied  to  the  lower  frame 
depends  on  the  height  to  which  the  frame  is  raised.  The  number  of 
1,000-lb  weights  applied  to  the  lower  frame  is  adjusted  by  means  of 
motor-driven  gearing  attached  to  the  upper  frame. 

The  machine,  which  is  located  in  the  laboratory  of  the  Bureau’s 
Engineering  Mechanics  Section,  is  about  30  feet  high  by  about  12 
feet  wide.  The  weights  are  on  the  first  floor  of  the  laboratory  building, 
the  forces  are  applied  to  calibration  devices  on  the  second  floor,  and 
the  hydraulic  jack  for  lifting  the  weights  is  on  the  third  floor.  The 
room  on  the  second  floor  through  which  the  frames  of  the  machine  pass 
is  equipped  with  temperature-control  apparatus  by  means  of  which 
the  temperature  may  be  maintained  constant  to  within  ±0.5°  F. 

4  The  term  “elastic  calibration  device”  is  defined  by  the  American  Society  tor  Testing  Materials  (see  foot¬ 
note  3)  as  follows:  ' 

“An  elastic  calibration  device  for  use  in  verifying  the  load  readings  of  a  testing  machine  consists  of  an 
elastic  member  to  which  loads  may  be  applied  combined  with  a  mechanism  for  indicating  the  magnitude  of 
deformation  under  load .  ’  ’ 

The  term  “elastic  calibration  device”  includes  proving  rings,  solid  bars,  hollow  bars,  elastic  loops,  and 
other  members  whose  elastic  deformation  can  be  measured. 
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/////////////// First  F toor 


Figure  1. — Diagrammatic  sketch  of  the  111,000-lb-capacity  dead-weight  machine. 

The  machine  consists  essentially  of  a  hydraulic  jack,  an  upper  and  a  lower  frame,  and  weights  that  may 
be  applied  to  the  lower  frame.  Forces  are  applied  to  the  calibration  device,  which  forms  the  only  connec¬ 
tion  between  the  upper  and  lower  frame,  by  raising  the  ram  of  the  jack. 
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Figure  2. — Bevel  seats  and  weight  linkages  of  the  1 1 1 ,000-lb-capacity  dead-weight 

machine. 


574278  0  -  61  -39 
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It  is  normally  kept  at  70°  F.  The  frame  of  the  machine  consists  of 
two  reinforced-concrete  columns,  A- A  (figs.  3  and  4),  which  extend 
from  the  concrete  foundation  of  the  machine  to  the  third  floor  where 
two  steel  I-beams,  B  (fig.  6),  are  placed  across  the  tops  of  the  columns. 
A  bevel  seat  (fig.  2)  for  the  bottom  10,000-lb  weight  is  built  into  the 


Figure  3. — Part  of  the  111,000-lb-capacity  dead-weight  machine  located  between  the 

first  and  second  floors. 


Any  number  of  the  nine  1  ,000-lb  weights,  G,  and  the  ten  10,000-lb  weights,  F ,  may  be  applied  to  the  load¬ 
ing  bar,  M,  which  is  suspended  from  the  lower  frame.  The  two  I-beams  and  chain  hoists  suspended  from 
the  second  floor  are  completely  independent  of  the  machine.  They  are’ used  only  to  lift  the  weights  during 
disassembly  and  assembly  of  the  machine. 


foundation.  The  hydraulic  jack,  C  (fig.  6),  which  is  operated  by  an 
electrically  driven  multiple  cylinder  pump,  Z)  (fig.  3),  is  supported  by 
the  I-beams.  Control  valves  and  electrical  switches  for  operating  the 
machine  are  located  in  the  case,  E  (figs.  4  and  5),  on  the  second  floor. 
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Figure  4. — Part  of  the  1 1 1 ,000-lb-capacity  dead-weight  machine  located  between  the 

second  and  third  floors. 

The  upper  frame  77-77  and  7-7  is  raised  by  the  hydraulic  jack  on  the  floor  above.  The  loading  bar,  to 
which  the  weights  may  be  applied,  is  suspended  from  the  lower  frame,  J-J  and  K-K.  The  ICO, 000-lb- 
capacity  proving  ring  ready  for  calibration  in  tension  connects  the  upper  and  lower  frames. 


The  cast-iron  10,000-lb  weights,  F  (fig.  3),  are  about  7%  in.  thick  by 
84  in.  in  diameter.  The  steel  1,000-lb  weights,  G  (fig.  3),  are  about 
4  in.  thick  by  33 in.  in  diameter.  The  adjusting  cavities  in  the 
sidewalls  of  the  weights  are  closed  by  threaded  plugs. 

The  apparatus  for  applying  forces  to  the  device  to  be  calibrated 
consists  of  two  frames.  The  upper  frame  consists  of  four  yokes,  H, 
connected  by  four  rods,  I  (figs.  3,  4,  5,  and  6).  To  limit  swinging  of 
the  upper  fi*kme,  guides  are  provided  for  the  rods  where  they  pass 
through  the  second  floor.  The  top  yoke,  H  (fig.  6),  rests  on  a  steel 
ball  on  the  ram  of  the  jack.  The  bottom  yoke,  H  (fig.  3),  carries  the 
operating  mechanism  for  the  1,000-lb  weights.  The  two  intermediate 
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yokes,  H,  which  are  the  lower  compression  and  upper  tension  heads 
of  the  machine,  are  fixed  in  position  on  rods  I. 

The  lower  frame  consists  of  two  yokes,  J  (figs.  4  and  5),  connected 
by  two  rods,  K  (figs.  4  and  5).  The  upper,  unthreaded  portions  of 
these  rods  move  vertically  in  guides,  which  can  be  rotated  by  hand  to 
decrease  the  friction  on  rods  K  in  the  upper  yoke  H  of  the  upper  frame 
shown  in  figure  4.  These  guides  are  sufficient  to  keep  the  lower  frame 
in  proper  alinement  with  respect  to  the  upper  frame,  provided  cali- 


Figure  5. — Lower  part  of  the  111,000-lb-capacity  dead-weight  machine  located 
between  the  second  and  third  floors. 


The  100,000-lb-capacity  proving  ring  ready  for  calibration  in  compression  connects  the  upper  and  lower 
frames. 
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bration  devices  are  properly  centered  in  the  machine.  Tests  have 
shown  that  the  friction  does  not  produce  any  detectable  difference  in 
the  readings  of  the  devices  calibrated  in  this  machine.  The  upper 
yoke  of  the  lower  frame,  which  is  the  upper  compression  and  lower 
tension  head  of  the  machine,  may  be  adjusted  vertically  on  the 


Figure  6. — Part  of  the  1 1 1 ,000-lb-capacity  dead-weight  machine  located  above  the 

third  floor. 

The  upper  frame,  H  and  /-/,  is  supported  by  a  ball  on  the  axis  of  the  ram  of  the  jack.  Forces  are  applied 
to  the  device  to  be  calibrated  by  raising  the  ram  of  the  jack. 
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threaded  rods,  K,  by  rotating  the  nuts  in  the  yoke  by  means  of  the 
electric  motor  and  gearing  shown  in  figures  4  and  5.  Devices  up  to 
about  6  ft  in  length  can  be  calibrated  in  either  tension  or  compression. 

The  loading  bar,  M  (fig.  3),  is  suspended  from  lower  yoke  J.  This 
bar  passes  through  the  bottom  yoke  of  the  upper  frame  and  the  nine 
1,000-lb  weights.  At  its  lower  end  it  carries  a  bevel  seat  (fig.  2)  for 
the  bottom  1,000-lb  weight  and  a  head  which  projects  below  a  plate 
(fig.  2)  attached  to  the  top  10,000-lb  weight. 

The  1,000-lb  weights  are  supported  by  three  threaded  rods,  N  (fig. 
3),  which  engage  bevel  seats  in  plates  attached  to  the  top  1,000-lb 
weight.  These  rods  may  be  moved  vertically  by  means  of  an  electric 
motor  and  gearing  attached  to  the  bottom  yoke  of  the  upper  frame. 
With  the  upper  frame  and  the  loading  bar  at  any  heights  within  their 
operating  ranges,  any  number  of  the  nine  1,000-lb  weights  may  be 
supported  from  the  rods  N  by  means  of  the  connecting  pieces  which 
link  the  weights  together.  The  weights  not  supported  from  the  rods 
N  are  supported  on  the  bevel  seat  attached  to  the  loading  bar,  each 
weight  above  tire  bottom  weight  being  supported  on  a  bevel  seat  on 
the  weight  below.  A  movement  of  about  11  in.  of  the  rods  N  is  re¬ 
quired  to  transfer  the  support  of  all  the  weights  from  the  loading  bar 
to  the  rods  N. 

When  the  loading  bar  is  not  in  contact  with  the  top  10,000-lb 
weight,  the  bottom  10,000-lb  weight  is  supported  on  the  bevel  seat 
(fig.  2)  built  into  the  foundation,  and  each  of  the  other  weights  rests 
on  a  similar  seat  (fig.  2)  on  the  weight  below.  The  10,000-lb  weights 
are  supported  by  the  loading  bar  when  the  jack,  through  a  calibra¬ 
tion  device,  lifts  the  lower  frame.  When  the  loading  bar  has  been 
raised  about  %  in.  from  its  lowest  position,  the  head  on.  the  end  of 
the  bar  engages  a  bevel  seat  on  the  lower  side  of  a  plate  attached  to 
the  top  weight,  thus  applying  the  top  weight  to  the  loading  bar. 
As  the  bar  is  raised  farther,  a  connecting  piece  attached  to  the  second 
weight  engages  a  beVel  seat  in  the  top  weight,  and  similarly  the  other 
weights  are  suspended  in  succession.  All  10  weights  are  suspended 
when  the  loading  bar  has  been  raised  about  10  in. 

When  the  lower  frame  of  the  machine  is  not  supported  by  a  cali¬ 
brating  device,  it  is  supported  on  two  bevel  seats,  0  (figs.  4  and  5), 
which  are  supported  by  the  second  floor  of  the  building. 

The  position  of  the  lower  frame  and  the  number  of  weights  sup¬ 
ported  by  the  loading  bar  are  shown  by  indicators  P  and  Q  (fig.  5). 
The  total  weight  supported  by  a  calibration  device  is  the  sum  of  the 
weight  of  the  lower  frame,  2,000  lb,  and  the  weights  shown  on  indi¬ 
cators  P  and  Q. 

If  a  calibrating  device  should  fail  under  load,  the  weights  it  carried 
would  fall.  To  prevent  possible  damage  from  this  cause,-  the  nuts, 
R  (figs.  4  and  5),  on  the  threaded  rods,  K,  are  adjusted  so  that  there 
is  a  small  clearance  between  their  lower  surfaces  and  the  upper  surface 
of  one  of  the  yokes  of  the  upper  frame.  This  limits  to  a  safe  distance 
the  possible  fall  of  the  weights. 

A  proving  ring  of  100,000-lb  capacity  is  shown  in  the  dead-weight 
machine  ready  for  calibration  in  tension  in  figure  4.  The  same  ring 
is  shown  ready  for  calibration  in  compression  in  figure  5.  To  insure 
that  forces  applied  to  calibration  devices  will  be  axial,  devices  placed 
in  the  machine  are  carefully  centered  so  that  the  axes  of  the  devices 
coincide  with  the  axis  of  the  machine. 
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III.  DESCRIPTION  OF  THE  10,100-POUND-CAPACITY 

MACHINE 

The  10,100-lb-capacity  dead-weight  machine  is  shown  in  figures 
7  and  8.  Figure  7  shows  the  machine  as  it  was  originally  installed 
on  the  first  floor  of  the  laboratory  building.  The  machine  as  it 
is  now  installed  is  partially  shown  in  figure  8. 

The  machine  is  about  14  ft  high  by  about  5  ft  wide.  It  rests  on  a 
concrete  column,  the  top  of  which  is  about  10  ft  above  the  first  floor 
of  the  building.  The  machine,  projects  through  the  second  floor  into 
the  temperature-controlled  room,  which  also  surrounds  the  frames 
of  the  111,000-lb-capacity  machine.  The  column  and  the  machine 


Figure  7. — 10,100-lb-capacity  dead-weight  machine  as  it  was  originally  installed. 
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Figure  8. — Loading  frame  and  100-lb  weights  of  the  10,100-lb  dead- weight  machine. 

A  3,000-kg.  capacity  proving  ring  is  shown  ready  for  calibration  in  compression. 

are  not  connected  structurally  to  the  floors  of  the  building  or  the 
platform  around  the  machine. 

Both  the  100-lb  weights,  A  (figs.  7  and  8),  and  the  1,000-lb  weights, 
B  (fig.  7),  are  steel.  The  100-lb  weights  are  about  2  in.  thick  by 
15/ij  in.  in  diameter,  and  the  1,000-lb  weights  are  about  4  in.  thick 
by  33  in.  in  diameter.  The  adjusting  cavities  in  the  sidewalls  of  the 
weights  are  closed  by  threaded  plugs. 

The  frame  of  the  machine  consists  of  a  base-plate,  C  (fig.  7),  con¬ 
nected  by  four  rods,  D  (fig.  7),  to  an  upper  plate,  E  (fig.  7),  which 
supports  two  rods,  F  (figs.  7  and  8),  the  upper  ends  of  which  are 
connected  by  yoke  G  (figs.  7  and  8).  Two  screws,  H  (figs.  7  and  8), 
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are  attached  to  yoke  G,  and  by  these,  yoke  /  (figs.  7  and  8)  is  sup¬ 
ported.  Yoke  I  may  be  moved  vertically  by  means  of  gears  which 
are  actuated  by  turning  the  handwheel,  J  (figs.  7  and  8).  Devices 
up  to  34 in.  in  length  may  be  calibrated  in  either  tension  or 
compression. 

The  loading  frame  consists  of  three  yokes,  K  (figs.  7  and  8),  con¬ 
nected  by  two  rods,  L  (figs.  7  and  8).  The  bottom  yoke  K,  which 
connects  the  lower  ends  of  rods  L,  does  not  show  in  the  photographs. 
In  this  smaller  machine,  friction  due  to  the  rubbing  of  the  frame 
against  other  parts  of  the  machine,  which  is  negligible  in  the  111,000- 
lb  machine,  could  produce  appreciable  error.  For  this  reason  an 
electronic  device  is  used  to  indicate  mechanical  contact  of  the  load¬ 
ing  frame  and  the  weights  suspended  from  it  with  other  parts  of  the 
machine.  By  taking  readings  only  when  there  is  no  such  contact, 
no  frictional  errors  are  introduced  into  the  forces  applied  to  calibra¬ 
tion  devices. 

When  the  connecting  piece  attached  to  the  top  1,000-lb  weight 
is  not  in  contact  with  the  loading  frame,  the  weights  are  supported 
on  the  crosspiece,  M  (fig.  7),  which  is  moved  vertically  by  means 
of  the  motor-driven  screws,  N  (fig.  7).  The  bottom  weight  rests 
on  a  bevel  seat  in  M,  and  each  of  the  other  weights  rests  on  a  similar 
seat  on  the  weight  below.  As  the  crosspiece  is  lowered  the  connect- 
ting  piece  attached  to  the  top  weight  engages  a  bevel  seat  in  the 
bottom  yoke  of  the  loading  frame,  and  the  weight  is  supported  by 
the  loading  frame.  As  the  crosspiece  is  lowered  farther,  the  weights 
are  transferred  one  after  another  to  the  loading  frame.  A  move¬ 
ment  of  about  6  in.  is  required  to  transfer  all  of  the  nine  1,000-lb 
weights  from  the  crosspiece  to  the  loading  frame.  The  weights  are 
removed  by  raising  the  crosspiece. 

When  the  lugs  attached  to  the  top  100-lb  weight  are  not  in  contact 
with  the  bevel  seats,  0  (figs.  7  and  8),  on  the  loading  frame,  the  weights 
are  supported  on  yoke  P  (figs.  7  and  8),  which  is  moved  vertically  by 
means  of  motor-driven  screws.  The  bottom  weight  rests  on  a  bevel 
seat  in  yoke  P,  and  each  of  the  other  weights  rests  on  a  similar  seat  on 
the  weight  below.  As  yoke  P  is  lowered,  the  lugs  attached  to  the  top 
weight  engage  the  bevel  seats  on  the  loading  frame  and  the  weight  is 
transferred  to  the  loading  frame.  As  the  yoke  is  lowered  farther,  the 
weights  are  transferred  one  after  another  to  the  loading  frame.  A 
movement  of  about  9  inches  is  required  to  transfer  all  of  the  nine 
100-lb  weights  from  yoke  P  to  the  loading  frame.  The  weights  are 
removed  by  raising  yoke  P. 

The  bevel  seats  and  connectors  for  the  individual  weights  in  this 
machine  are  similar  in  principle  to  those  for  the  10,000-lb  weights  of 
the  111,000-lb  machine  shown  in  figure  2. 

When  the  loading  frame  is  not  supported  by  a  calibration  device,  it 
is  supported  on  two  bevel  seats  attached  to  the  yoke  G.  The  position 
of  the  loading  frame  is  shown  by  the  pointer,  0  (fig.  8).  The  total 
weight  supported  by  a  calibration  device,  which  consists  of  the  loading 
frame,  200  lb,  and  the  weights  applied  to  the  loading  frame,  is  shown 
on  the  indicator,  R  (fig.  8).  Auxiliary  weights  are  added  to  the  frame 
to  obtain  test  loads  which  are  not  multiples  of  100  lb. 

A  proving  ring  of  3,000-kg  capacity  is  shown  in  the  machine  ready 
for  calibration  in  compression  in  figures  7  and  8. 
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IV.  ACCURACY  OF  THE  MACHINES 

1.  THE  111,000-LB-CAPACITY  MACHINE 

The  maximum  error  in  the  weight  of  the  lower  frame  or  any  one  of 
the  10,000-lb  weights  was  determined  to  be  about  0.1  lb  when  the 
machine  was  installed  in  1927. 

The  maximum  error  of  the  1,000-lb  weights  was  determined  to  be 
about  0.0005  lb  when  they  were  installed  in  1931. 

The  errors  of  the  weights  and  the  lower  frame  were  redetermined  in 
1938.  The  nine  1,000-lb  weights  were  calibrated  by  the  method  of 
substitution  against  standard  weights  on  a  special  testing  beam.  The 
nine  1,000-lb  weights  and  1,000  lb  of  standard  weights  were  combined 
to  form  the  standard  which  was  used  to  calibrate  the  10,000-lb  weights 
by  the  method  of  substitution  on  a  10,000-lb  capacity  platform  scale. 
The  smaller  parts  of  the  lower  frame  were  calibrated  on  a  balance, 
and  the  larger  parts  were  calibrated  by  the  method  of  substitution 
against  standard  weights  on  a  platform  scale.  For  each  of  the  ten 
10,000-lb  weights  no  mean  computed  error  exceeded  1  lb,  or  0.01 
percent.  For  each  of  the  nine  1,000-lb  weights  no  mean  computed 
error  exceeded  0.05  lb,  or  0.005  percent.  The  2,000-lb  lower  frame 
differed  from  the  nominal  value  by  less  than  0.5  lb,  and  it  was  adjusted 
to  weight  2,000.0  lb.  No  adjustment  was  made  to  the  weights  because 
the  observed  errors  were  of  the  same  order  of  magnitude  as  the  errors 
of  the  calibration  equipment. 

2.  THE  10,100-LB- CAPACITY  MACHINE 

The  maximum  error  of  the  1,000-lb  weights  did  not  exceed  0.005 
lb  when  the  machine  was  installed  in  1931.  The  maximum  error 
of  the  100-lb  weights  did  not  exceed  0.001  lb  when  the  machine  was 
installed  in  1931.  The  error  of  the  200-lb  frame  did  not  exceed  0.01  lb. 

The  errors  of  the  weights  and  the  loading  frame  were  redetermined 
in  1938.  The  nine  1,000-lb  and  the  nine  100-lb  weights  were  cali¬ 
brated  by  the  method  of  substitution  against  standard  weights  on  a 
special  testing  beam.  Part  of  the  loading  frame  was  weighed  on  the 
special  testing  beam  and  the  remainder  was  weighed  on  a  balance. 
For  each  of  the  nine  1,000-lb  weights  the  maximum  error  did  not 
exceed  0.05  lb,  or  0.005  percent.  For  each  of  the  nine  100-lb  weights 
the  maximum  error  did  not  exceed  0.005  lb,  or  0.005  percent.  The 
error  of  the  200-lb  loading  frame  did  not  exceed  0.005  lb.  No  adjust¬ 
ments  were  made  to  the  weights  or  frame  because  the  observed 
errors  were  of  the  same  order  of  magnitude  as  the  errors  of  the 
calibration  equipment. 

V.  USE  OF  THE  MACHINES 

The  dead-weight  machines  are  used  to  calibrate  elastic  calibration 
devices,  which  are  used  to  calibrate  testing  machines.  The  American 
Society  for  Testing  Materials  Standard  Methods  of  Verification  of 
Testing  Machines  (see  footnote  3)  requires  that  an  elastic  calibration 
device  be  calibrated  by  dead  weights  known  to  be  accurate  within 
0.02  percent  for  loads  not  exceeding  100,000  lb.  Since  no  other 
machines  which  comply  with  this  requirement  are  available  in  the 
United  States,  the  machines  described  are  used  not  only  for  calibrating 
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elastic  calibration  devices  for  government  laboratories,  but  also  for 
calibrating  devices  for  the  public. 

The  machines  are  not  suitable  for  determining  the  strengths  of 
materials  or  structures. 


VI.  CONCLUSIONS 

The  dead-weight  machines  described  in  this  paper  are  suitable  for 
calibrating  proving  rings  and  other  elastic  calibration  devices  under 
test  loads  from  200  lb  to  111,000  lb.  Test  loads  from  200  lb  to  10,100 
lb  by  100-lb  increments  and  from  2,000  lb  to  111,000  lb  by  1,000-lb 
increments  may  be  applied.  The  errors  of  the  test  loads  do  not  exceed 
0.02  percent. 

The  maximum  observed  errors  of  any  of  the  weights  was  less  than 
0.01  percent  in  1938,  which  is  less  than  one-tentli  the  maximum  allow¬ 
able  percentage  error  for  elastic  calibration  devices.  The  maximum 
allowable  error  specified  by  the  American  Society  for  Testing  Materi¬ 
als  for  primary  standards  for  calibrating  elastic  calibration  devices  is 
0.02  percent.  It  is  believed  that  the  weights  of  the  machines  are  now 
sufficiently  stable  so  that  the  errors  will  not,  under  normal  circum¬ 
stances,  exceed  0.02  percent  for  a  period  of  10  or  20  years. 


The  machines  were  designed  by  the  Bureau’s  Engineering  Mechanics 
Section,  under  the  supervision  of  L.  B.  Tuckerman  and  H.  L.  Whitte- 
more,  in  cooperation  with  The  A.  H.  Emery  Co.,  Stamford,  Conn., 
and  built  by  The  A.  H.  Emery  Co.  They  were  installed  with  the 
assistance  of  A.  H.  Stang  and  L.  R.  Sweetman. 

The  weights  of  the  machines  were  calibrated  by  the  Bureau’s  Divi¬ 
sion  of  Weights  and  Measures,  under  the  supervision  of  F.  S.  Holbrook 
and  R.  W.  Smith. 

Washington,  January  25,  1943. 
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Temperature  Coefficients  for  Proving  Rings 


By  Bruce  L.  Wilson ,  Douglas  R.  Tate ,  and  George  Borkoivski 


Proving  rings  for  calibrating  testing  machines  are  not  compensated  for  change  in  elastic 
properties  and  dimensions  with  temperature.  For  this  reason,  temperature-correction 
factors  must  be  used  in  computing  ring  loads  from  deflections  obtained  at  temperatures  that 
differ  from  the  temperature  of  calibration.  Temperature  coefficients  for  14  representative 
rings  were  computed  from  calibration  results  obtained  at  temperatures  of  70°  and  100°  F. 
The  temperature  coefficient  of  one  ring  for  the  range  +70°  to  —93°  F  was  determined  from 
measurements  of  the  natural  frequencies  at  these  temperatures.  The  temperature  coefficient 
of  a  proving  ring  is  shown  to  be  equal  to  the  temperature  coefficient  of  Young’s  modulus  of 
elasticity  plus  twice  the  coefficient  of  thermal  expansion  of  the  material  of  the  ring. 


I.  Introduction 


The  proving  ring  is  the  most  widely  used  elastic 
calibration  device  [1] *  1 II. III. IV. V. VI. VII.  for  calibrating  testing 
machines  that  apply  forces  to  engineering  materials 
and  structures.  About  four-fifths  of  such  devices 
submitted  to  the  National  Bureau  of  Standards  for 
calibration  during  the  past  year  were  proving 
rings.  The  rings  are  not  compensated  for  the 
change  in  elastic  properties  and  dimensions  with 
temperature,  therefore,  a  knowledge  of  the  tem¬ 
perature  coefficient  is  required  for  use  in  computing 
ring  loads  from  deflections  obtained  at  temper¬ 
atures  that  differ  from  the  temperature  during  the 
calibration  of  the  ring. 

The  tests  described  were  undertaken  (a)  to 
determine  experimentally  the  temperature  co¬ 
efficients  of  a  number  of  representative  proving 
rings  for  the  usual  range  of  room  temperatures,  (b) 
to  determine  the  coefficient  of  a  representative 


1  Figures  in  brackets  indicate  the  literature  references  given  at  the  end  of 
this  paper. 
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ring  at  a  temperature  near  —100°  F,  and  (c)  to  ured  values  of  the  temperature  coefficient  of 
determine  whether  the  temperature  coefficient  may  Young’s  modulus  of  elasticity  and  the  coefficient 
be  calculated  with  sufficient  accuracy  from  meas-  of  thermal  expansion  for  the  material  of  a  ring. 


II.  Description  of  Proving  Ring 


The  proving  ring  has  been  described  in  a 
previous  paper  [2],  Briefly,  it  is  an  elastic  ring 
in  which  the  deflection  of  the  ring,  when  loaded 
along  a  diameter,  is  measured  by  means  of  a 
micrometer  screw  and  a  vibrating  reed  mounted 
diametrically  in  the  ring.  One  of  the  rings  used  in 
the  tests  reported  is  shown  in  figure  1 .  This  ring, 
which  was  used  for  the  tests  at  —93°  F,  was  made 
of  steel  having  the  following  chemical  composition : 
C,  0.50  percent;  Cr,  1.00  percent;  and  Ni,  1.75 
percent.  It  was  heat  treated  to  show  a  Vickers 
number  of  about  475  (diamond  indenter,  load  =  120 
kg) .  It  is  believed  that  each  of  the  proving  rings 
tested  had  a  total  alloying  content  not  exceeding 
5  percent. 

Proving  rings  are  usually  calibrated  in  dead¬ 
weight  machines  [3],  in  which  their  deflections  are 
determined  for  10  uniformly  spaced  loads.  The 
calibration  factor,  the  ratio  of  the  load  to  the 
deflection  of  the  ring,  is  calculated,  and  the  results 
are  shown  graphically  as  in  figure  2.  When  a 


ring  is  used  to  measure  loads,  the  observed  de¬ 
flection  is  multiplied  by  the  product  of  the  calibra¬ 
tion  factor  read  from  the  calibration  graph  and  a 
temperature  correction  factor. 


Figure  2. — Calibration  graph  for  Morehouse  proving  ring 

No.  144- 


III.  Theory  of 

1.  Relationship  Between  Temperature 
Coefficient  and  Deflection  for  Proving 
Rings 

The  temperature  coefficient,  k,  of  a  proving 
ring  is  defined  by  the  equation 

k=(l/Fc)(dF/dt),  (1) 

in  which  Fc  is  the  calibration  factor  for  the  ring 
at  the  standard  temperature  of  calibration. 

The  calibration  factor  F,  for  any  temperature, 
t,  becomes 

Ft=Fc[l+k(t-tc)],  (2) 

where 

F t= calibration  factor  for  a  temperature  of 
t  degrees 

£c  =  standard  temperature  of  calibration. 

Equation  2  may  be  written  in  terms  of  deflections 
measured  in  dial  divisions  as 

dc=di[\-\-k{t — £c)],  (3) 


Thermal  Effects 

in  which 

dc  =  deflection  of  the  ring  at  a  temperature 
of  tc  degrees 

dt—  deflection  of  the  ring  at  a  temperature 
of  t  degrees. 

Solving  equation  3  for  the  temperature  coefficient 


By  means  of  equation  4  the  temperature  coefficient 
for  a  ring  may  be  computed  from  deflections  for 
the  same  load  obtained  at  different  temperatures. 

2.  Relationship  Between  Temperature 
Coefficient  of  Proving  Ring  and 
Temperature  Coefficient  of  Young’s 
Modulus  of  Elasticity  and  Coefficient 
of  Thermal  Expansion 

The  deflection  in  the  direction  of  the  load  of  a 
closed  circular  ring  of  rectangular  cross  section 
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Figure  1. — Morehouse  proving  ring  No.  144,  capacity  2,000  lb,  with  tension  fittings  attached  to  external  bosses. 
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Figure  4. — Reproductions  from  film  exposed  in  the  autographic  autocollimator ;  (a)  reference  line,  (6)  lime  scale,  (c)  ring 

vibration  as  indicated  by  Tuckerman  strain  gage. 
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loaded  at  opposite  ends  of  a  diameter  is  given 

approximately  by  the  expression  eq  4 

where 

d=APi*/Elh\  (5) 

d= deflection  of  the  ring  in  the  direction  of 
the  forces 

A  =  a  numerical  constant 
P=load  on  the  ring 

r— initial  radius  of  curvature  of  the  neutral 
surface 

E=  Youth’s  modulus  of  elasticity  of  the 
material  of  the  ring 

/= width  of  the  cross  section  of  the  ring 

h— thickness  of  the  cross  section  of  the  ring. 

The  deflection  of  a  proving  ring  is  not  exactly 
proportional  to  the  load  as  indicated  in  equation 
5.  The  calibration  factor  increases  slightly  with 
increasing  tensile  load  as  shown  in  figure  2. 
Usually  the  calibration  factor  for  10-percent  capac¬ 
ity  load  differs  from  the  calibration  factor  for 
capacity  load  by  less  than  3  percent. 

As  the  calibration  factor  of  a  proving  ring  is, 
by  definition,  the  ratio  of  the  load  to  the  deflec¬ 
tion  of  the  ring  measured  in  dial  divisions,  the 
effect  of  changing  temperature  on  the  micrometer 
screw  should  be  included  in  the  expression  for  the 
calibration  factor.  Usually  the  micrometer  screw 
is  made  of  steel  and  has  about  the  same  coefficient 
of  thermal  expansion  as  the  ring.  If  the  axial 
travel  of  the  micrometer  screw  per  unit  dial 
division  is  denoted  by  N,  the  calibration  factor  F 
may  be  written  as 

F=  (PN/d).  (6) 

After  combining  equations  5  and  6  the  result  may 
be  expressed  as 

F=BED,  (7) 

in  which 

B— a  numerical  quantity,  constant  for  a 
given  ring 

E—  Young’s  modulus  of  elasticity,  lb/in.2 
L— a  quantity  having  the  dimensions  of 
length,  in. 

Differentiating  equation  7  with  respect  to  tem¬ 
perature  and  then  dividing  by  equation  7, 

1  dF _  1  dE  2  dL  .  . 

FTt~E~di+Ldi'  W 

Since  the  value  of  F  changes  by  less  than  1 
percent  over  the  temperature  range  in  which  prov¬ 


ing  rings  are  ordinarily  used,  it  is  permissible  to 
write 

1  dF _ 1  dF__  ^ 

F  dt  Fc  dt  ’ 

the  temperature  coefficient  of  the  ring. 

Since 

1  dE_ 

E  dt  ~e- 

the  temperature  coefficient  of  Young’s  modulus  of 
elasticity 

1  dL_ 

Ldt  ~  a’ 

the  coefficient  of  linear  thermal  expansion. 
Equation  8  may  be  written 

k=e  +  2a.  (9) 

By  means  of  equation  9  the  temperature  coeffi¬ 
cient  of  a  proving  ring  may  be  calculated  from  the 
temperature  coefficient  of  Young’s  modulus  of 
elasticity  and  the  coefficient  of  thermal  expansion. 

3.  Relationship  Between  Temperature 
Coefficient  and  Spring  Constant 
for  Proving  Rings 

The  temperature  coefficient  of  a  proving  ring 
may  be  computed  from  measurements  at  two  tem¬ 
peratures  of  the  natural  frequency  of  the  elastic 
system  consisting  of  the  ring  and  its  load  of  dead 


Figure  3. — Elastic  system  used  in  the  vibration  tests. 

The  load  applied  to  the  ring  is  represented  by  M.  the  spring  constant  of  the 
ring  by  c,  and  the  spring  constant  of  the  loading  fixtures  by  c'. 
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weights  shown  in  figure  3.  The  natural  frequency 
of  the  system  may  be  written  [5] 


^_2ttV  (c+c')m  (10) 

in  which 

/=  natural  frequency  of  the  system 
c=spring  constant,  load  per  unit  deflec¬ 
tion,  for  the  proving  ring 
c'  =  spring  constant  for  the  loading  fix¬ 
tures 

m=mass  suspended  from  the  ring. 


From  equation  10  the  spring  constant  for  the  ring 
at  any  temperature,  t,  is 


me'  (2  ttJ)2 
1  c'  —  m(2Tf)2 


(11) 


An  expression  for  the  temperature  coefficient  in 
terms  of  the  spring  constants  of  the  ring  may  be 


derived  from  equation  4,  which  gives  the  relation¬ 
ship  between  the  temperature  coefficient  and  the 
deflections  of  the  ring.  It  may  be  shown  that 


in  which 


k 


c,—ec 
ce(t  fc) 


«» 


(12) 


c{=the  spring  constant  of  the  ring  for  the 
temperature  t  degrees 

cc=the  spring  constant  of  the  ring  for  the 
temperature  tc  degrees 
a  =  the  coefficient  of  linear  thermal  expan¬ 
sion. 

The  last  term  in  equation  12  is  due  to  the  change  in 
pitch  of  the  micrometer  screw  with  temperature. 
By  means  of  equation  12  the  temperature  coeffi¬ 
cient  of  a  proving  ring  may  be  calculated  from  the 
spring  constants  of  the  ring  for  two  different  tem¬ 
peratures  and  the  thermal  coefficient  of  linear 
expansion  of  the  material  of  the  ring. 


IV.  Experimental  Procedure 


1.  Temperature  Range  70°  to  100°  F 

The  tests  were  made  in  dead-weight  testing 
machines  [3],  the  loading  frames  of  which  are 
inclosed  in  a  temperature  controlled  room.  The 
air  temperature  of  the  room  could  be  maintained 
near  70°  or  100°  F  and  held  constant  to  within 
one-half  degree  Fahrenheit. 

During  the  calibrations  a  steel  block  having  a 
section  approximately  equal  to  the  section  of  the 
ring  being  calibrated  and  long  enough  to  reduce 
thermal  end  effects  was  placed  near  the  ring. 
The  bulb  of  a  sensitive  calibrated  thermometer 
was  sealed  into  a  hole  bored  to  the  center  of  the 
block.  The  calibrations  of  the  rings  were  made 
with  both  the  block  temperature  and  the  air 
temperature  maintained  within  one-half  degree 
Fahrenheit  of  the  desired  temperature.  The  aver¬ 
age  temperature  of  the  block  during  the  interval 
of  calibration  was  taken  as  the  average  tempera¬ 
ture  of  the  ring. 

2.  Temperature  Range  +70°  to  —93°  F 

For  tests  at  —93°  F  the  ring  was  inclosed  in  a 
wire-mesh  cage,  which  in  turn  was  inclosed  in  a 
box  supported  by  the  upper  pulling  rod.  For 
the  low-temperature  tests  the  space  between  the 
wire-mesh  cage  and  the  box  was  packed  with 
solid  carbon  dioxide.  The  box  and  cage  were  so 


designed  that,  although  the  ring  was  almost  com¬ 
pletely  surrounded  by  solid  carbon  dioxide,  suffi¬ 
cient  clearance  was  provided  for  the  ring  to 
vibrate  without  damping  effects  produced  by 
friction  with  the  cage  or  the  walls  of  the  box. 
Vibration  tests  at  70°  were  made  with  the  box  in 
place. 

The  temperature  of  the  ring  was  measured  by 
means  of  five  calibrated  chrome!  P-alumel  ther¬ 
mocouples  in  contact  with  the  surface  of  the  ring. 
It  is  believed  that  the  errors  of  the  temperature 
measurements  did  not  exceed  1  degree  Fahren¬ 
heit.  During  the  low-temperature  tests,  the 
temperature  of  the  ring  differed  from  point  to 
point  due  to  conduction  of  heat  along  the  pulling 
rods,  but  in  no  case  did  the  temperature  measured 
at  any  point  differ  from  the  average  temperature 
by  more  than  5  percent  of  the  total  tempera¬ 
ture  range. 

Vibration  of  the  ring  was  produced  by  a  single 
impact  of  a  small  hammer  swung  from  a  constant 
height  about  a  fixed  axis.  The  hammer  swung 
freely,  struck  a  rubber  pad,  and  was  caught  on 
the  first  rebound.  Therefore,  the  initial  ampli¬ 
tude  of  the  ring  vibration  was  very  nearly 
constant. 

The  natural  frequency  of  the  vibration  of  the 
2,000-lb-capacity  ring  loaded  to  about  60-percent- 
capacity  load  was  measured  by  means  of  a  Tucker- 
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man  strain  gage  attached  to  projections  on  the 
palling  rods  of  the  ring.  The  images  from  the 
gage,  a  reference  mirror,  and  a  vibrating  mirror 
controlled  by  the  standard  60-cycle-frequency 
signal  from  the  Bureau’s  Radio  Section  were 
photographed  in  an  autographic  autocollimator. 
The  film  was  moved  continuously  by  a  synchro¬ 
nous  motor  at  a  speed  of  approximately  10  inches 
per  second.  The  length  of  film  exposed  during 
each  run  was  sufficient  to  photograph  at  least  60 
complete  wavelengths  of  the  ring  vibration. 
Typical  records  are  shown  in  figure  4. 

The  frequency  was  determined  from  measure¬ 
ments  of  the  number  of  time  waves  corresponding 
to  a  fixed  number  of  wavelengths  of  the  ring 
vibration.  By  projection,  the  number  of  time 
wavelengths  was  determined  to  within  0.1  time 
wavelength.  In  no  case,  it  is  believed,  did  the 
error  in  the  measurement  of  the  frequency  exceed 
0.02  percent. 

The  effect  of  damping  on  the  frequency  was 
calculated  from  measurements  of  the  amplitudes 
on  each  film.  In  no  case  was  the  calculated  error 


due  to  damping  greater  than  0.001  percent. 

Under  ordinary  conditions  of  use  sufficient  time 
elapses  after  the  application  or  removal  of  load  to 
a  proving  ring  to  permit  almost  complete  tempera¬ 
ture  equalization  before  readings  are  observed, 
and  the  action  may,  therefore,  be  considered 
isothermal  [6].  During  the  vibration  tests  the 
frequency  was  about  12  cycles  per  second,  and  the 
action  was  nearly  adiabatic.  As  the  difference 
between  temperature  coefficients  for  steel  rings 
determined  under  isothermal  and  adiabatic  con¬ 
ditions  can  be  shown  to  be  less  than  1  percent  [7], 
no  correction  was  considered  necessary. 

The  spring  constant  of  the  loading  fixtures  (c', 
equation  10)  was  nearly  independent  of  the  tem¬ 
perature  of  the  ring  as  the  temperature  of  the  air 
surrounding  the  rods  and  frame  of  the  dead¬ 
weight  machine  was  constant.  The  constant  c' 
was  evaluated  by  substituting  in  equation  11  a 
value  of  ct  derived  from  the  calibration  graph  of 
the  ring  for  70°  F  and. the  measured  natural  fre¬ 
quency  of  the  system  for  a  ring  temperature 
of  70°  F. 


V.  Results 


1.  Temperature  Range  70°  to  100°F 

The  temperature  coefficients  were  determined 
for  14  proving  rings  for  the  range  of  temperatures 
from  70°  to  100°  F.  In  preliminary  tests  it  was 
observed  that  the  result  obtained  by  computing 
the  coefficient  for  the  three  highest  of  the  10, 
uniformly  spaced  test  loads  applied  to  the  ring, 
e.  g.,  80,  90,  and  100  percent  of  capacity,  did  not 
differ  significantly  from  the  result  computed  for  10 
uniformly  spaced  test  loads.  Therefore,  the 
temperature  coefficients  were  determined  for  the 
three  highest  test  loads.  The  temperature  coef¬ 
ficient,  k  (equation  4)  was  computed  for  each  ring 
by  the  method  of  least  squares. 

Typical  average  deflections  for  a  100,000-lb- 
capacity  compression  proving  ring  are  as  follows: 


Applied  load— 


80,000 

lb 

90,000 

lb 

100,000 

lb 

Deflection,  for  101.6°  F,  divisions. . 

484.  21 

545.33 

606.  67 

Deflection,  for  70.2°  F,  divisions _ _ _ 

482. 07 

542. 82 

603. 82 

Difference,  divisions . . . 

2.14 

2.  61 

2.  85 

Table  1. —  Temperature  coefficients  for  proving  rings  for  the 
temperature  range  70°  to  100°  F 


Capacity 

Temperature  coefficient,  k 

Compression 
per  °  F 

Tension  per 

o  y 

MOREHOUSE  MACHINE  CO. 

PROVING  RINGS 

Pounds 

2,000 

-0.  000144 

-0. 000134 

10,000 

-.000148 

10,000 

-.  000143 

10,000 

-.000152 

10,000 

-.  000146 

20,000 

-.000155 

-.000147 

50,000 

-.000155 

100,000 

-.000160 

-.000149 

100,000 

-.000146 

100, 000 

-.000150 

100,000 

-.000158 

TINIUS 

OLSEN  TESTING  MA- 

CHINE  CO.  PROVING  RINGS 

2,000 

-0. 000123 

20,000 

-.000155  ' 

100,000 

-.000151 

Average  value  of  the  temperature  coefficient  for  proving  rings, 
*=-0.000148/°  F 
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The  temperature  coefficient  calculated  from  these 
data  by  the  method  of  least  squares  is 

k—  —  0.000146  per  degree  Fahrenheit 

Temperature  coefficients  for  the  14  proving 
rings  are  given  in  table  1. 

The  temperature  coefficients  for  proving  rings 
varied  from  —0.000123  to  —0.000160,  the  mean 
value  being  —0.000148  per  degree  Fahrenheit. 
This  value  corresponds  to  the  value  —0.000149 
per  degree  Fahrenheit  calculated  by  means  of 
equation  9  from  values  for  the  coefficients  of 
Young’s  modulus  of  elasticity  and  thermal  expan¬ 
sion  reported  by  Dadourian  [8].  Keulegan  and 
Houseman  [9]  reported  results  from  which  com¬ 
puted  values  were  obtained  ranging  from 
—  0.000132  to  —0.000146  per  degree  Fahrenheit 
for  steels  of  less  than  5  percent  total  alloying 
content. 

The  temperature  coefficient  of  one  of  the  rings 
differed  from  the  average  value  for  all  of  the  rings 
by  0.000025  per  degree  Fahrenheit.  For  this  ring, 
correction  by  means  of  the  average  value  for  a 
temperature  difference  of  30°  F,  a  considerably 
greater  temperature  difference  than  is  ordinarily 
encountered,  would  result  in  an  error  of  0.075 
percent.  This  is  less  than  the  tolerance  (0.1  per¬ 
cent)  for  proving  rings  [2J. 

2.  Temperature  Range  +70°  to  —93°  F 

Low-temperature  measurements  were  made  on 
the  proving  ring  shown  in  figure  1.  The  calibra¬ 


tion  graph  for  this  ring  for  a  temperature  of  70°  F 
is  shown  in  figure  2. 

The  temperature-correction  coefficient  was  cal¬ 
culated  from  measurements  of  the  natural  fre¬ 
quency  of  vibration  recorded  on  six  films.  The 
following  results  were  obtained. 


Tempera¬ 

ture 

Frequency 

Spring 
constant 
of  ring 

Temperature 
coefficient 
per  °F 

o  F 

69.4 

-93.2 

d» 

12.391 

12.  585 

lb/  in. 

23, 050 

23, 840 

-0.00023 

The  value  —0.00023  obtained  for  the  temperature 
range  +70°  to  —93°  F  differs  considerably  from 
the  average  value  of  —0.00015  obtained  for  the 
temperature  range  70°  to  100°  F.  Benton  [10] 
also  reported  a  considerable  increase  in  the  tem¬ 
perature  coefficient  of  Young’s  modulus  at  low 
temperatures.  The  greatest  source  of  error  in  the 
low-temperature  tests  was  the  nonuniformity  of 
the  temperatures  of  different  portions  of  the  ring. 
Nevertheless,  it  is  believed  that  the  value  reported 
is  not  in  error  by  more  than  1  part  in  23. 

As  a  check  on  the  method  used  in  the  low-tem¬ 
perature  tests,  the  temperature  coefficient  of  a 
ring  was  measured  by  the  same  method  over  a 
temperature  range  of  70°  to  178°  F  by  means  of 
heaters  mounted  in  the  box  used  for  the  low-tem¬ 
perature  tests.  A  value  k=  —  0.000153  per  degree 
Fahrenheit  was  obtained,  which  agrees  with  values 
obtained  in  the  dead-weight  machines. 


VI.  Conclusions 


The  temperature  coefficients  of  a  group  of  14 
proving  rings  were  measured  for  the  temperature 
range  70°  to  100°  F  and  found  to  average  —0.00015 
per  degree  Fahrenheit.  This  value  is  in  agree¬ 
ment  with  values  calculated  from  the  results  of 
other  observers  for  this  temperature  range. 

The  work  of  Keulegan  and  Houseman  [9]  has 
indicated  that  the  temperature  coefficient  of 
Young’s  modulus  changes  very  slowly  in  the 
range  of  temperatures  ordinarily  encountered  in 
the  operation  of  testing  machines.  It  is  believed, 
therefore,  that  for  rings  made  of  steel  having  a 
total  alloying  content  not  exceeding  5  percent, 
the  temperature  coefficient  will  not  vary  more 


than  10  percent  from  30°  to  120°  F.  An  error  of 
10  percent  in  the  temperature  coefficient  will 
introduce  less  than  0.05-percent  error  in  the 
calculated  ring  load  for  a  temperature  difference 
of  30°  F,  a  greater  difference  than  is  usually 
encountered. 

The  temperature  coefficient  of  a  proving  ring 
was  also  measured  for  the  temperature  range 
+  70°  to  —93°  F  and  found  to  be  —0.00023  per 
degree  Fahrenheit. 

The  temperature  coefficients  of  rings  made  of 
steels  having  a  total  alloying  content  exceeding 
5  percent  may  be  expected  to  differ  significantly 
from  the  values  reported. 
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Calibration  of  Vibration  Pickups  by  the 
Reciprocity  Method 

Samuel  Levy  and  Raymond  R.  Bouche 

The  reciprocity  theory  for  the  relationship  between  mechanical  force  and  velocity  and 
electric  current  and  voltage  is  presented  for  a  linear  electrodynamic  vibration-pickup  cali¬ 
brator  having  a  driving  coil,  a  velocity-sensing  coil,  and  a  mounting  table.  The  theory 
takes  account  of  flexibility  in  the  calibrator  structure  and  in  the  coils,  electric  coupling  be¬ 
tween  different  parts  of  the  same  coil  and  between  parts  of  one  coil  and  parts  of  the  other, 
and  flexibility  in  the  magnet  structure.  The  theory  shows  what  measurements  are  recjuired 
in  using  a  linear  electrodynamic  calibrator  for  the  absolute  calibration  of  vibration  pickups. 

A  description  is  given  of  the  mechanical  arrangement  and  electric  circuitry  used  at  the 
National  Bureau  of  Standards  in  calibrating  calibrators  by  the  reciprocity  method.  A 
typical  velocity-sensing-coil  calibration  curve  is  presented  showing  the  effect  of  pickup  mass 
on  the  calibration  factor.  Typical  examples  of  measurement  of  calibration  factor  and  me¬ 
chanical  impedance  of  pickups  are  also  presented. 

Practical  limitations  of  the  reciprocity  method  due  to  nonlinearity  resulting  from  lack 
of  tightness  of  mechanical  joints,  resonance  effects,  amplitude  effects,  etc.,  are  discussed. 


1.  Introduction 

An  early  application  of  the  reciprocity  method  to  the  measurement  of  mechanical  quanti¬ 
ties  was  that  by  R.  K.  Cook  [1]  1  in  1940.  He  applied  the  method  to  the  absolute  calibration 
of  microphones.  This  was  followed  in  1948  with  papers  by  H.  M.  Trent  [2]  and  A.  London  [3], 
who  showed  how  the  reciprocity  method  could  be  used  for  the  absolute  calibration  of  vibration 
pickups.  The  reciprocity  method  was  applied  to  the  calibration  of  electrodynamic  transducers 
in  1948  by  S.  P.  Thompson  [4]  and  to  the  calibration  of  piezoelectric  accelerometers  in  1952  by 
M.  Harrison,  A.  0.  Sykes,  and  P.  G.  Marcotte  [5]. 

Commercially  available  calibrators  for  vibration  pickups  have  a  mounting  table  that  is 
connected  by  a  relatively  rigid  internal  structure  to  a  driving  coil  and  to  a  velocity-sensing  coil. 
This  internal  structure  is  supported  from  the  frame  by  flexure  springs  or  guide  wires.  John  C. 
Camm,  formerly  of  NBS,  in  1953  showed  how  the  reciprocity  method  could  be  applied  to  the 
calibration  of  the  velocity-sensing  coil  of  such  a  calibrator  in  connection  with  work  for  the 
Office  of  Naval  Research.  In  1955  the  authors  of  the  present  report,  in  connection  with  work 
for  the  Diamond  Ordnance  Fuze  Laboratories,  extended  Camm’s  theory  to  take  account  of 
pickup  mass  and  flexibility  in  the  internal  structure  for  the  frequently  occurring  case  where  the 
driving  coil,  sensing  coil,  and  mounting  table  are  mechanically  joined  at  a  point. 

The  present  report  gives  a  broader  basis  for  the  application  of  the  reciprocity  method  to 
the  calibration  of  the  velocity-sensing  coil  of  calibrators,  by  considering  both  the  internal 
structure  and  the  magnet  to  be  flexible  and  by  taking  account  of  electric-coupling  effects. 
It  also  shows  how  the  calibrator,  once  its  velocity-sensing  coil  has  been  calibrated  by  the  reci¬ 
procity  method,  can  be  used  to  determine  the  calibration  factor  and  to  measure  the  mechanical 
impedance  of  vibration  pickups. 

2.  Reciprocity  Theory  for  Flexible  Vibration-Pickup  Calibrators 

In  the  appendix  the  general  reciprocity  theory  for  a  calibrator  is  presented.  This  theory 
is  applicable  to  a  calibrator  operating  in  any  frequency  or  amplitude  range  in  which  it  can  be 
•considered  to  be  a  linear  system.  Neither  the  internal  structure  nor  the  magnet  structure 
need  be  considered  rigid.  The  theory  is  applicable,  for  example,  not  only  at  low  frequencies 
and  at  frequencies  near  certain  resonances,  but  also  at  frequencies  above  axial  resonance  where 

1  Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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the  driving  coil  and  mounting  table  move  in  opposite  directions.  The  theory  is  also  applicable 
where  there  is  electric  coupling  between  different  parts  of  the  same  coil  and  between  parts  of 
one  coil  and  parts  of  the  other. 

The  positive  terminals  of  the  driving  and  sensing  coils  are  designated  as  those  having 
positive  voltages  when  the  mounting  table  is  moving  inward.  Conversely,  positive  current 
in  the  coils  produces  outward  velocity  at  the  mounting  table. 

When  the  calibrator  is  energized  with  current  in  the  driving  coil  at  any  particular  fre¬ 
quency,  the  calibration  factor,  F,  is  defined  as  the  ratio  of  the  voltage  in  volts  in  the  velocity- 
sensing  coil  to  the  velocity  in  inches  per  second  at  the  surface  of  the  mounting  table.  It  is 
shown  in  the  appendix  that 

F=a+bYp  (1) 

where  Yv  is  the  pickup  mechanical  impedance  (lb-sec/in.),  and  all  the  symbols  represent 
complex  numbers  in  the  manner  commonly  used  for  alternating-current  electrical  theory. 
The  calibrator  constants,  a  and  b,  are  determined  by  the  following  two  experiments  and  com¬ 
putational  procedure. 

Experiment  1 :  The  equipment  is  shown  in  figure  1  (a).  Attach  weights  to  the  mounting 
table  and  measure  for  each  weight  the  transfer  admittance  in  amperes  per  volt,  G,  between  the 
driving  and  sensing  coils: 


(2) 


where 


Io  =  current  in  driving  coil. 

Eq=  voltage  generated  in  open-circuited  sensing  coil.  (It  is  permissible  to  leave  a  volt¬ 
meter  permanently  connected  to  the  sensing  coil.  If  this  is  done,  the  open-circuit 
condition  is  obtained  when  no  other  connection  is  made  to  the  sensing  coil.) 
Experiment  2:  The  equipment  is  shown  in  figure  1  (b).  Couple  a  second  vibration  exciter 
to  the  calibrator  being  calibrated  at  the  mounting  table,  and  measure  the  ratio,  R,  of  open- 
circuited  voltages  generated  in  the  sensing  and  driving  coils: 

R=E*IE ?.  (3) 


Computational  Procedure:  Determine  the  ordinate  intercept,  J ,  and  the  slope,  Q,  of  the 
function  W/(G—G0 )  when  plotted  against  the  weight,  W,  attached  to  the  mounting  table  in 
experiment  1,  where  G0  is  the  value  of  G  when  W=0.  Constants  a  and  b  in  eq  (1)  are  then 
given  by 

a= 0.0171  lVyWtf,  b=G.60lQ^R/(juJ),  (4) 

where  a>  is  the  frequency  in  radians  per  second,  and  j  is  the  unit  imaginary  vector. 

It  is  shown  in  the  appendix  that  the  vibration-pickup  calibrator  calibrated  by  the  reci¬ 
procity  method  can  be  used  to  determine  the  mechanical  impedance,  Yp,  of  a  pickup  by  meas¬ 
uring  the  admittance,  Gp,  eq  (2),  with  the  pickup  attached  to  the  mounting  table,  and  the 
admittance,  G0)  when  nothing  is  attached  to  the  table,  by  use  of  the  relationship 


y  _  ■  /<«>V  J(Gp—G0)  \ 
’  W386Al -Q(G,-G.)f 


(5) 


To  carry  out  the  calibration  of  a  pickup  the  following  procedure  is  used:  The  driving  coil 
of  the  calibrator  is  energized  at  the  desired  frequency  and  the  value  of  YP  is  determined.  The 
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Figure  1.  Measurement  of  constants  of  vibration-pickup  calibrator. 

(a)  Weights,  W,  are  attached  to  mounting  table  of  calibrator,  C,  in  experiment  1.  (b)  External  vibration  exciter,  E,  is  required  to  provide 
sinusoidal  motion  to  calibrator,  C,  in  experiment  2. 


calibrator  is  then  driven  at  the  desired  amplitude  as  indicated  by  the  voltage,  Es0,  in  the  sensing 
coil,  and  then  the  velocity  is  given  by 

v=E„/F,  (6) 

where  F  is  obtained  by  substituting  Yp  in  eq  (1).  The  output  of  the  pickup  corresponding  to 
this  excitation  is  then  measured.  Ordinarily  the  term  bYp  in  eq  (1)  for  F  is  negligibly  small, 
except  at  frequencies  high  enough  to  cause  relative  displacements  between  the  mounting  table 
and  the  sensing  coil.  Where  it  is  known  that  bYp  is  negligibly  small,  the  determination  of  Yp 
may  be  omitted  from  the  calibration  procedure. 


623/229 


3.  Measurement  of  Constants 

3.1.  Accuracy  of  Weights 

The  weights  attached  to  the  table  in  carrying  out  experiment  1  at  the  Bureau  are  shown 
at  W  in  figure  1  (a).  The  weights  increase  in  0.1-lb  steps  from  0  to  1  lb.  They  vary  less  than 
0.1  percent  from  their  rated  values.  Their  attachment  surface  has  a  stud  that  engages  the 
mounting  table  and  a  contacting  ring,  %  in.  wide,  which  provides  a  connection  of  high  rigidity. 
A  film  of  oil  is  wiped  on  this  ring  before  engagement  to  eliminate  air  in  the  contact  surface. 

3.2.  Accuracy  of  Frequency  Measurements 

The  frequency  was  measured  with  a  calibrated  electronic  frequency  meter.  The  indicated 
audio  oscillator  frequency  did  not  differ  from  the  measured  frequency  by  more  than  0.2  percent. 

3.3.  Measurement  of  Transfer  Admittance 

The  circuit  shown  in  figure  2  (a)  is  used  to  measure  the  transfer  admittance.  With  the 
switch  in  the  “up”  position,  the  values  of  r  and  rl  are  adjusted  until  the  voltage  drops  \En\ 
across  terminals  1  and  2,  and  |£13|  across  terminals  1  and  3,  are  equal  as  measured  on  a  high- 
impedance  voltmeter.  The  magnitude  of  G  is  then  given  by 

|S|=^  (7) 

The  accuracy  of  \G\  determined  in  this  manner  depends  only  on  the  accuracy  of  the  circuit 
elements  and  the  repeatability  of  the  voltmeter  reading,  but  not  on  the  accuracy  of  the  volt¬ 
meter.  Values  of  the  resistances  are  chosen  to  load  the  amplifier  suitably.  Typical  values  for 
this  calibrator  are  r2,  equal  to  10  ohms,  and  r-\-ru  approximately  1,000  times  greater  than  r2. 

Voltage  |£23|  across  terminals  2  and  3  is  then  read  from  the  voltmeter.  The  switch  is 
lowered  to  the  “down”  position.  The  value  of  rx  is  adjusted  until  |£14|  equals  |£13|,  and  voltages 
| £13 1  and  | £43 1  are  read  on  the  voltmeter.  The  phase  angle,  <j>G,  of  the  transfer  admittance,  G, 
is  the  phase  angle  of  /£  with  respect  to  E„.  Because  the  currents  in  r,  ru  and  r2  are  in  phase  with 
/f,  phase  angle  <fG  can  be  determined  from  a  construction  of  a  polygon  of  voltages  as 


A  suitable  value  of  r2  is  used  so  that  rx colO  6  is  greater  than  100;  then  the  approximate  value  of 
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Figure  2.  Circuits  used  in  the  measurement  of  constants 
of  vibration-pickup  calibrator. 
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4>g  can  be  determined  from 


(<M 


approx=90°— cos-1 


( 


_ 1_  |^>34 1  \ 

2  \E\3\) 


(9) 


The  use  of  both  eq  (8)  and  (9)  determines  the  magnitude  and  quadrant  for  <f>G.  It  happens, 
though,  except  near  certain  resonances,  that  </>G  is  near  ±90°.  Small  errors  in  \Ei3\  or  J^713| 
result  in  large  changes  in  the  angle 


cos 


■1  ( !  — A 

V  2  \E\3\) 


when  <\>G  is  near  —90°.  Difficulty  in  measuring  the  small  value  of  \Ei3\  results  in  error  when 
<t>G  is. near  90°.  Therefore,  eq  (8)  is  used  to  determine  the  magnitude  of  <t>G  and  (9)  its  quadrant. 


3.4.  Measurement  of  Voltage  Ratio 

The  circuit  shown  in  figure  2(b)  is  used  to  measure  the  ratio  of  the  open-circuit  voltages  of 
the  driving  and  sensing  coils  when  the  calibrator  being  calibrated  is  driven  by  an  external  vibration 
exciter.  With  the  switch  in  the  “up”  position  and  with  rx  set  at  10,000  ohms,  resistor  r  is 
adjusted  until  the  voltages  across  terminals  1  and  2  and  terminals  1  and  3  are  equal.  The 
magnitude  of  the  voltage  ratio,  R,  is  then  given  by 


R 


r 

10,000+r" 


(10) 


(In  the  case  of  a  calibrator  for  which  10,000  ohms  is  not  effectively  an  infinite  impedance  across 
the  driving  coil,  rx  in  figure  2(b)  should  be  increased  to  an  adequate  value  and  eq  (10)  corre¬ 
spondingly  modified.) 

To  determine  the  phase  angle  of  R,  \EU\  and  l-E^I  are  measured.  The  switch  is  then 
put  in  the  “down”  position,  rx  is  adjusted  until  \EU\  equals  |£713| ,  and  \Ei3\  is  measured.  Then 
from  a  construction  of  a  polygon  of  voltages 

*=oo.-(l-l|fg|)  (11) 

and 

(^cos-^l—  |  cos_1(|22|).  (12) 

It  happens  that  <t>R  is  near  either  0°  or  180°.  Equation  (11)  is  insensitive  for  these  angles, 
either  because  \E23\  is  very  small  for  near  0°  or  because  the  cosine  is  insensitive  to  small 
changes  in  \E23\  near  180°.  Therefore,  eq  (12)  is  used  to  determine  the  magnitude  of  4>R  and 
eq  (11)  only  its  quadrant. 

4.  Typical  Results 

4.1.  Calibration  of  Sensing  Coil 

Results  obtained  in  the  calibration  of  the  sensing  coil  of  a  typical  calibrator  having  a 
nominal  50-lb  driving-force  rating  are  now  presented.  All  measurements  were  made  after 
thermal  equilibrium  was  approached.  The  positive  terminals  of  the  driving  and  sensing  coils 
were  determined  as  those  having  positive  voltage  when  the  mounting  table  had  inward  velocity. 
Positive  velocity  is  then  outward. 

First,  the  transfer  admittance,  G,  experiment  1,  was  measured  for  a  sequence  of  weights, 
W,  on  the  mounting  table  at  each  frequency  for  which  a  calibration  was  desired.  Typical 
results  at  frequencies  of  900  and  5,000  cps  are  presented  in  figure  3.  In  figure  4  are  the  cor¬ 
responding  plots  of  W/(G—  G0)  against  W.  The  data  were  fitted  by  a  weighted  least-squares 
procedure  for  a  straight  line.  The  weighting  as  determined  by  a  consideration  of  the  expected 
error  in  1/(G—G0)  was  1,  2,  3,  .  .  .,  10  for  IT=0.1,  0.2,  0.3,  .  .  .,  1.0  lb.  Intercepts  J  and 
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Figure  3.  Variation  of  transfer  admittance ,  G,  with  weight,  W,  on  the  mounting  table  for  a  typical  vibration 
pickup  calibrator  at  frequencies  of  (a)  900  cps  and  (b)  5,000  cps. 


Figure  4.  Plot  of  W/(G—G0 )  as  a  function  of  W  for  a  typical  vibration  pickup  calibrator  at  frequencies  of 

(a)  900  cps  and  (6)  5,000  cps. 


slopes’ Q,  determined  by  this  procedure,  are  at  900  cps  J=  0.1089/— 94.2°  lb-ohm,  and  Q~ 
0.00767/11.8°  ohm,  and  at  5,000  cps,  J—  0.01094/— 77.4°  lb-ohm,  and  Q— 0.00765/100.4°  ohm. 

The  voltage  ratio,  R,  when  driven  by  an  external  vibration  exciter,  experiment  2,  was  then 
determined  as  R—Q.  1090/— 2.6°  at  900  cps  and  i?=0.2495/— 2.0°  at  5,000  cps.  Next  the 
constants  a  and  b  in  eq  (4)  were  computed.  Substituting  their  values  in  eq  (1)  gave  calibration 
factors  of  the  sensing  coil  with  a  pickup  of  mechanical  impedance  Yp  on  the  mounting  table, 
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Figure  5.  Variation  of  calibration  factor  of 
velocity-sensing  coil  with  frequency  and  pick¬ 
up  weight  for  a  typical  vibration  pickup  cal¬ 
ibrator. 

0=0  lb,  X  =  U  lb,  ®  =  1  lb. 


at  900  cps,  F=  0.1402/— 3 .4° T  0.000674/12 .6°  Yp  v-sec/in.,  and  at  5,000  cps,  F=0. 1584/5.5° -j~ 
0.001360/93.1°  Yv  v-sec/in. 

In  figure  5  are  shown  the  magnitude  and  phase  angle  of  the  calibration  factor  of  the 
velocity-sensing  coil  of  this  typical  vibration-pickup  calibrator  as  a  function  of  frequency  for 
pickups  having  a  mechanical  impedance  Yp  corresponding  to  weights  W  of  0,  0.5,  and  1.0 
lb  (Iq,=jadF/386).  It  is  evident  that,  for  this  particular  vibration-pickup  calibrator,  the  cali¬ 
bration  factor  of  the  velocity-sensing  coil  is  nearly  independent  of  frequency  and  pickup 
weight  up  to  900  cps.  The  curve  for  1  lb  is  dotted  in  the  vicinity  of  2,700  cps  because  the  plot 
similar  to  that  shown  in  figure  4  was  not  linear  beyond  0.5  lb.  The  source  of  this  nonlinearity 
could  not  be  localized.  This  nonlinearity  has  not  been  found  in  other  calibrators  of  the  same 
make  and  model  number  calibrated  at  the  same  frequency. 


4.2.  Calibration  of  a  Variable-Resistance-Type  Accelerometer  and  a  Piezoelectric-Type 

Accelerometer 


Results  obtained  in  the  calibration  of  a  variable-resistance-type  accelerometer  and  piezo¬ 
electric-type  accelerometer  are  now  presented.  In  these  calibrations  the  circuit  shown  in 
figure  2  (a)  was  used  with  the  pickup  terminals  designated  6  and  7,  in  place  of  velocity-sensing- 
coil  terminals  1  and  3.  The  method  given  in  section  3.3  was  then  used  for  the  measurement 
of  Gp,  the  value  of  G  with  the  pickup  attached  to  the  mounting  table. 

For  the  piezoelectric  pickup,  the  value  of  Gp  obtained  at  900  cps  was  Gp=I^jEs0  — 
28.51/91.8°  mhos,  and  at  5,000  cps,  6^  =  37.9/43. 6°  mhos.  With  terminal  6  grounded  and 
terminal  7  replacing  terminal  3,  the  same  procedure  gave,  at  900  cps,  I°!EP=  16.35/2.5°  mhos, 
and  at  5,000  cps,  Ip/Ep=3. 201/— 44.6°  mhos,  where  Ep  is  the  output  voltage  of  the  pickup. 
From  eq  (5),  the  mechanical  impedance,  Yp,  of  the  pickup  was  computed  by  using,  at  900 
cps,  6^=26.81/92.0°  mhos,  and  at  5,000  cps,  6^  =  16.51/18.1°  mhos,  and  the  values  of  J  and  Q 
obtained  in  section  4.1.  This  gave,  at  900  cps,  Yp  =  2. 712/83.3°  lb-sec/in.  and  at  5,000  cps, 
Fp=  18.23/70.5°  lb-sec/in.  Using  these  values  of  Yp  in  eq  (1),  the  velocity  sensing-coil  cali¬ 
bration  factors  at  900  cps  and  5,000  cps,  respect ively,  are  ^=0. 1399/— 2.7°  v-sec/in.  and  F— 
0.1357/9.2°  v-sec/in.  The  pickup  acceleration  calibration  factor,  Fp,  is 


=(I„/Eq)  Fg 
P  C I?/E,)ja 


(13) 


where  Fgf(jco)  is  the  acceleration  calibration  factor  of  the  sensing  coil.  Using  this  equation, 
at  900  cps,  Up=0.0166/— 3.4°  v/g,  and  at  5,000  cps,  Fp= 0.0197/6.5°  v/g.  Figure  6  shows  the 
complete  calibration  of  the  piezoelectric-type  accelerometer. 

The  calibration  of  the  variable-resistance-type  accelerometer,  which  was  performed  in  a 
similar  manner,  is  shown  in  figure  7.  To  compute  the  results  on  the  >variable-resistance 
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Figure  6. 


Calibration  of  piezoelectric-type  accelerometer  at  a  nominal  acceleration  level  of  2  g. 


Figure  7.  Calibration  of  variable-resistance-type  accelerometer  at  a  nominal  acceleration  level  of  2  g. 


pickup  at  frequencies  other  than  those  at  which  the  vibration-pickup  calibrator  was  calibrated, 
it  was  necessary  to  interpolate  suitably  for  a,  b,  R,  and  Q,  and  compute  J  from  eq  4.  This 
interpolation  was  only  used  at  frequencies  below  900  cps.  In  this  frequency  range,  such 
interpolation  results  in  no  appreciable  error  for  this  calibrator  when  the  resonant  frequencies 
of  the  flexures  are  avoided.  The  frequencies  used  for  the  pickup  calibration  were  not  those 
at  which  flexure  resonance  was  present. 

5.  Effects  of  Calibrator  Construction  on  Accuracy 

Inaccuracy  in  the  reciprocity  method,  exclusive  of  electrical  measurements,  arises  primar¬ 
ily  from  deviations  from  true  linearity  in  the  calibrator  performance.  The  more  important 
forms  of  nonlinearity  are  discussed  below. 
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5.1.  Resonance  Effects 


Resonance  accentuates  inaccuracy  clue  to  nonlinearity  because  relatively  small  changes 
in  the  calibrator  constants,  which  are  caused  by  very  small  changes  in  the  structure  of  the 
calibrator  and  small  changes  in  the  exciting  frequency,  can  cause  large  changes  in  the  amplitude 
of  vibration.  Even  when  such  changes  do  not  occur,  the  large  amplitudes  associated  with  reso¬ 
nance  may  exceed  the  linear  range.  The  resonance  of  the  driving  coil  relative  to  the  velocity¬ 
sensing  coil  reduces  the  accuracy  of  the  reciprocity  calibration  over  a  small  frequency  range 
because  |i?|  is  very  small  and  therefore  difficult  to  measure,  and  because  the  large  amplitude 
of  the  driver  coil  may  exceed  its  linear  range.  Operation  of  the  calibrator  near  resonance 
frequencies  should  therefore  be  avoided.  Some  common  resonance  conditions  in  their  usual 
order  of  appearance  with  increasing  frequency  follow: 

a.  Resonance  of  mounting  table  and  coils  as  a  rigid  body  on  the  guiding  flexures. 

b.  Local  resonance  in  the  flexures. 

c.  Transverse  vibration  of  the  shaft  connecting  mounting  table  and  driving  coil. 

d.  Longitudinal  resonance  of  shaft  connecting  mounting  table  and  driving  coil. 

e.  Local  resonance  in  table  or  coils. 

5.2.  Transverse  Motion 

Transverse  motion  from  any  source  invalidates  the  reciprocity  method,  which  requires  the 
mounting'table  to  have  uniaxial  motion.  Transverse  motion  occurs  at  the  resonance  frequencies 
of  the  flexures  and  at  the  transverse  resonance  frequencies  of  the  shaft  on  which  the  moving  parts 
are  mounted.  At  resonance,  the  amplitude  will  vary  substantially  for  small  changes  in  fre¬ 
quency  and  the  resonance  may  occur  at  a  frequency  that  is  a  harmonic  of  the  driving  frequency. 
Flexures  can  be  detuned  by  attaching  small  weights  to  them. 

5.3.  Tightness  of  Mechanical  Joints 

The  tightness  of  the  mechanical  joints  in  a  calibrator  will  have  little  effect  on  its  perform¬ 
ance  at  low  frequencies,  where  the  moving  assembly  of  mounting  table  and  coils  acts  as  a  “rigid 
body.”  At. frequencies  approaching  those  for  internal  resonance  in  the  assembly,  looseness 
in  the  joints  can  affect  behavior  by,  for  example,  changing  the  structural  stiffness  or  by  intro¬ 
ducing  coulomb  friction.  At  very  high  frequencies,  joints  normally  thought  to  be  tight,  may  be 
a  source  of  erratic  behavior,  which  is  difficult  to  eliminate  as  tightness  will  ordinarily  vary  with 
temperature  and  time.  Coating  all  joints  with  oil  improves  their  rigidity. 

5.4.  Amplitude  Effects 

The  nonuniformity  of  the  magnetic  fields  surrounding  the  coils  is  a  primary  source  of 
nonlinearity.  This  effect  tends  to  be  greatest  at  low  frequencies,  where  the  displacement  ampli¬ 
tude  is  large  for  a  given  acceleration.  At  high  frequencies,  the  displacement  amplitude  is 
relatively  small,  and  this  effect  is  negligible.  The  change  in  equilibrium  position  of  the  moving 
assembly  of  a  calibrator,  when  its  orientation  is  changed,  may  cause  a  change  in  calibration 
factor  due  to  change  in  the  effective  field  strength. 

The  structure  of  a  calibrator  will  ordinarily  experience  small  deformations  in  its  linear  range 
at  permissible  current  intensities.  At  resonance,  the  deformations  are  larger.  Little  is  known 
about  the  linearity  of  structural  damping  for  a  structure  as  complicated  as  a  calibrator;  how¬ 
ever,  so  long  as  the  damping  is  small,  its  possible  lack  of  linearity  would  affect  only  the  resonant 
response. 

5.5.  Temperature  Effects 

Changes  in  temperature  cause  moderate  changes  in  elastic  constants  and  in  the  tightness 
of  joints,  and  in  this  way  can  affect  the  calibrator  performance  near  resonance.  Changes  in 
temperature  may  also  affect  the  field  flux  density,  and  thus  the  electrical  characteristics  of  the 
driving  coil,  but  should  not  ordinarily  affect  the  calibration  factor  of  the  velocity-sensing  coil. 
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.  5.6.  Purity  of  Electric-Power  Sources 

If  the  magnets  are  excited  by  direct  current  containing  an  alternating-current  ripple,  this 
ripple  may  appear  in  the  velocity  output  of  the  calibrator  owing  to  currents  included  in  the 
driving  coil  by  transformer  action  from  the  field.  Such  a  disturbance  can  readily  be  detected 
by  exciting  the  field  and  observing  the  velocity  of  the  mounting  table  with  the  driving  coil 
short-circuited. 

Any  harmonic  content  in  the  power  supply  to  the  driving  coil  will  excite  the  calibrator  at 
the  harmonic  frequencies,  as  well  as  at  the  primary  frequency.  The  techniques  described  in 
this  paper  are  applicable  only  for  excitation  at  a  single  frequency. 

6.  Conclusions 

It  is  concluded  that  the  reciprocity  methods  described  can  be  used  for  the  accurate  cali¬ 
bration  of  vibration  pickups  and  calibrators  having  linear  response.  The  accuracy  is  limited 
primarily  by  the  accuracy  of  electrical  measurement,  by  deviations  from  true  linearity  in  con¬ 
struction,  and  by  impurities  in  power  supplies  to  the  field  and  driving  coils.  The  frequency 
range  is  limited  theoretically  only  to  frequencies  for  which  the  mechanical  impedance  of  the 
weights  attached  to  the  mounting  table  can  be  computed.  Ordinarily  this  limits  the  range 
to  that  at  which  the  weights  act  as  though  they  were  rigid  bodies.  Practically,  the  calibrator 
used  as  an  example  in  this  report  is  most  suited  for  use  at  frequencies  of  900  cps  and  below, 
where  its  calibration  factor  is  not  affected  by  the  mechanical  impedance  of  most  vibration 
pickups  that  would  be  attached  to  its  mounting  table.  The  calibrator  is  suited  for  use  above 
900  cps,  however,  with  some  loss  in  precision  primarily  due  to  the  electromechanical  properties 
of  the  calibrator  being  less  constant  with  respect  to  field-coil  temperature  than  they  are  at 
lower  frequencies.  The  upper  acceleration  range  of  most  calibrators,  when  resonance  is 
avoided,  is  below  50  g.  This  would  be  the  limit  for  calibrating  by  the  reciprocity  method. 

7.  Appendix.  General  Reciprocity  Theory 

7.1.  Reciprocity  for  Electric  Circuit 

If  a  complicated  electric  circuit  is  considered  to  be  made  up  of  a  number  of  meshes,  the 
almost  trivial  fact  that  the  common  impedance  between  meshes  i  and  k,  for  example,  is  the 
same  as  that  between  k  and  i  is  the  basis  for  the  proof  of  the  reciprocity  theorem.  This  proof 
is  elegantly  presented  by  Guillemin  on  page  152  of  reference  [6].  Guillemin  states  on  page  276 
that  the  reciprocity  theorem  can  be  proved  for  both  transient  and  steady-state  performance. 
This  means,  for  example,  that  if  we  impress  a  voltage  in  mesh  5  of  a  given  network  and  measure 
the  current,  say  in  mesh  2,  and  then  place  the  voltage  in  mesh  2  instead  of  in  mesh  5  and  meas¬ 
ure  the  current  in  mesh  5,  we  will  find  the  current  exactly  the  same  in  the  two  cases,  both 
in  magnitude  and  phase. 

7.2.  Reciprocity  for  Mechanical  System 

If  a  complicated  mechanical  system  can  be  replaced  by  an  equivalent  system  having 
discrete  mass-points  joined  by  springs  and  dashpots,  the  fact  that  the  spring  and  dashpot 
connecting  points  i  and  k  is  the  same  as  that  connecting  points  k  and  i  makes  possible  a  proof 
of  the  reciprocity  theorem  for  mechanical  systems  completely  analogous  with  that  for  electric 
circuits.  (Reference  [7]  gives  a  proof  of  this  theorem  for  conservative  systems.)  In  other 
words,  this  reciprocity  theorem  states,  for  example,  that  if  we  impress  a  force  on  point  5  of  a 
given  system  and  measure  the  velocity,  say  at  point  2,  we  will  find  the  same  velocity  in  mag¬ 
nitude  and  phase  when  we  place  the  force  at  point  2  instead  of  at  point  5  and  measure  the 
velocity  at  point  5.  It  should  be  mentioned  that  it  is  possible  to  have  a  mechanical  system 
consisting  of  discrete  elements  that  is  not  reciprocal,  for  example,  if  it  contains  gyroscopic 
elements. 
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7.3.  Reciprocity  for  Combined  System 

In  developing  the  reciprocity  theorem  for  the  combined  electric-mechanical  system  of  a 
calibrator,  we  will  use  matrix  notation.  This  will  permit  us  to  consider  the  coils  as  flexible 
bodies  and  take  account  of  electric  coupling  between  coils,  as  well  as  deformation  in  the  field 
and  movable  structure.  The  notation  and  theorems  given  by  Frazer,  Duncan,  and  Collar  [8] 
will  be  used. 

Currents  and  voltages  in  the  velocity -sen sing  coil  will  be  indicated  by  S  and  in  the  driving 
coil  by  D.  We  will  consider  the  coils  subdivided  into  a  sufficient  number  of  segments  so  each 
moves  as  a  rigid  body  and  number  them  consecutively  in  the  two  coils.  The  subscript  o  will 
indicate  terminal  values.  Complex  notation  used  in  alternating-current  electrical  theory  will 
be  used  throughout.  All  symbols  represent  vector  quantities,  unless  otherwise  noted.  An 
English  system  of  units  (inches,  pounds,  and  seconds)  will  be  used. 

Current  If  at  the  terminals  of  the  sensing  coil  is  given  by 

^=li+S+M(£},  (ad 

^  nn  “  oo 

where 


Ef= voltage  at  terminals  of  coil  *5. 

Eq=  volt  age  at  t  erminals  of  coil  D. 
zf0s= impedance  at  terminals  of  coil  S. 

2^-°= transfer  impedance  from  terminals  of  coil  S'  to  terminals  of  coil  D. 

r  r  11  1  "1  where  2^  is  the  transfer  impedance  from  segment  n  to  the  termi- 

*  — |_z?i  zo2  ZoJ  nals  of  coil  S. 


-E- 

Eo 


{E}  = 


>  En  is  the  voltage  generated  in  segment  n. 


IE, 


A  similar  expression  can  be  written  for  I? .  Both  of  these  expressions  can  be  expressed  as 

{I0}  =  [z0]{E0}  +  [z\{E},  (Ala) 

where 
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where 


The  current  in  any  segment  is  given  by 

{I}  =  [z\'{E0}  +  [Z]{E}, 

/r 

h 

{!}=  .  >  In  is  the  current  in  segment  n, 


Jn-l 


(A2) 


[Z]  = 


'1  1 

2n  S12 

J  J_ 

^21  ^22 


*1 T, 


,  zmn  is  the  transfer  impedance  from  segment  m  to  segment  n, 


LA.  A 

—Z"m\  cm2  £ m : 

[2]'  =  transpose  of  [2]. 

Velocity  v0  at  the  mounting  table,  taken  positive  outward,  is  given  by 

v0=^+LAym]{I},  ■  (A3) 

A  00 

where 

F0= the  force  at  the  mounting  table. 
r00=the  mechanical  impedance  at  the  mounting  table. 

Lx  =  2.249 X 10-7,  a  conversion  factor. 

1  “1  where  yon  is  the  transfer  mechanical  impedance  from  the 


f  1  =  1”—  J_  J_1 

^  [JJoi  y0 2  yonj  mounting  table  to  segment  n 


'BJ,  0  0 

0  B2l2  0 

0  0  B3I3 


_  0  0  0  .  .  .  Bnln_ 


,  where  Bn  is  the  flux  density,  and  ln  is  the  length  for 
segment  n. 
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In  eq  (A3),  the  product  LxBJnIn  gives  the  force,  in  pounds,  at  segment  n  when  In  is  the  current, 
in  amperes.  The  velocity  of  the  various  segments  is  given  by 

{v}=[yYF0^Lx[Y\[k\{I},  (A4) 

where 


{v}  = 


Vi 

Vo 


,  vn  is  the  velocity  of  segment  n. 


[y]'  — transpose  of  [y]. 


m= 


■  1 

1 

1 

2/n 

2/l2 

Vm 

1 

1 

1 

2/21 

2/22 

V2n 

1 

1 

1 

Vm2 

Vmn— 

,  ymn  is  the  transfer  mechanical  impedance  from  segment  m  to 
segment  n. 


The  corresponding  velocity  in  the  magnetic  field  at  the  various  segments  is  given  by 

{vM}=L1[YM}[k\{I}  +  [yM}'F0,  (A4a) 

where 


VM 

V  2 


{^}  = 


,  is  the  velocity  of  the  magnetic  field  at  segment  n. 


[Y- 


M 1 


VM 

L6'  n  — J 

'  l 

1 

1  ~ 

VM 

y  n 

v£ 

yin 

l 

i 

1 

V2l 

IV) 

(N  . 

1  ^ 

1 

1 

1 

JJml 

Vm2 

Umn—i 

,  y^n  is  the  transfer  mechanical  impedance  from  the  location  of 
segment  m  to  that  of  segment  n  in  the  magnetic  field. 


574278  0  -  61  -41 
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,  yfn  is  the  transfer  mechanical  impedance  from  the  mounting  table  to  the 
magnetic  structure  opposite  segment  n. 


[y"]'= 


i 

y% 


The  voltage  generated  in  each  segment  is 

{E}  =  -L2[k]{v}+L2[k]{vM},  (A5) 

where  Z2=2.540X  10-8,  a  conversion  factor.  In  eq  (A5),  —L2Bnln(vn—tff)  is  the  electromotive 
force  generated  in  segment  n,  in  volts,  when  the  relative  velocity  between  segment  n  and  the 
magnetic  field,  in  inches  per  second,  is  (yn—v™).  Substituting  (A2)  into  (A4)  and  (A4a), 
and  substituting  the  results  into  (A5)  gives 


{E}  =  -F0L2[k][y-yMY-UL2[K][zY{E0}-L1L2[K][Z]{E}, 

where 


Letting 


where 


1  0  0 
0  1  0 


[1]  = 


0  0 


1 


[K\=[k][Y][k]-[k][YMm. 
[F-1]  =  [l]+iii2[X][Z], 


0 

0 


0 


the  unit  matrix, 


_0  0  0  .  .  .  1_ 

[F-1]  =  inverse  of  [V], 

Substituting  (A9)  into  (Ala), 

Substituting  (A9)  in  (A2)  and  the  result  in  (A3)  gives 


using 


F, 


Vo^-L^Foiy-ynmzmMy-y^Y+Uly-y^miVYizYiEo}, 

oo 


[VY  =  [l]-UL2[Z][V][K\. 


(A6) 

(A7) 

(AS) 


(A9) 

(A10) 

(All) 

(A12) 
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The  proof  of  eq  (A12)  is  obtained  as  follows:  By  using  (A8), 

[1]-A^[V][X]  =  [X-1]([X1-Z1£2[X][2][V][X]) 

=  [K-1]([iq  +  (l-[F-1])[F][K])  (A13) 

=  [K-'][V][K\. 

Also,  premultiplying  both  sides  of  (A8)  by  [If-1], 


[K-'W-1]  =  [R-1]  +LlLi[Z).  (A14) 

As  [ivj  is  symmetric,  [K~l]  is  symmetric.  As  [Z]  is  also  symmetric,  [i£_1][F_1]  is  symmetric. 
Its  inverse  [ I7] [K\  is  therefore  also  symmetric  .  The  transpose  of  a  symmetric  matrix  is  itself  or 

[V\[K\  =  [K\'[V]'=[K\[V}'.  (A15) 

Substituting  (A15)  in  (Al3)  gives  (A12). 

The  current  in  the  velocity-sensing  coil  is  always  zero, 

Is0  =  [l  0]{/o}=0.  (A16) 

Substituting  (AlO)  into  (Al6)  and  solving  for  Ogives 


E*= 


FJ*zrAZ%V\[k]\y-y^'-E°(%-LlL1z^W\{K][!>P\') 

X^OO  / 


\-UL^l[zs]\V][K][zs)' 

The  current  in  the  driving  coil  is 

ID0=[  0 

Substituting  (Al7)  into  (AlO)  and  the  result  into  (A18)  gives 

/  ,ss 

(I)  [zsWm[y-yMY-[zDWm[y-yMV 
+  L1L22f/[2q[F][A'][2q'[2D][F][fc][2/-^]'-L1L2Zf/[2q[F][A'][20]'[Zs][F][fc][2/-2/"]') 


/?=a0l2 


(A17) 


(A18) 


1-UL2zsJ[zs][V][K)[zs)' 

(1  ZSS  -SS  - ss 

xU  %  WWlKm'  +  UiU  g  [2s]tF]tA][2D]'  —  L1L2[2°][F][A][2d]' 
+  L\L\zsJ[zs]\V]  [A]  ( [zs] '[z°]~ [zD] '[2s])  [F][ K] [2D]' ) 


l-UUzsJ[zs][V}[K][zs]' 


(A19) 


Substituting  (Al7)  into  (All)  gives 


(t? - LiL2[y — yu][k][Z][V )[k][y — yMY  —  LiL2  [zs][F][A][2s]' 

+  L\L\z*J  [zs][V][K][zsY[y-y“][k]lZ]m[k}[y-yMY 
+  AA22ss  [zs][V][k][y-y“y[zs)[V][k][y-yMY) 

l-ULiZ^[zS][V\[K][^Y 


0 


[zs}[  V\[k\\y-  yMY  -  [z°][V][k][y  -  yM\ 


+ 


—  L\E„- 


L\L2z^[zs)[V][K][^]'[^>][V][k][y—yM]'  —  L\L2Zoo[zs][V][K)[zD}'[zs][V][k][y—yM]'S^ 


1-A1L22ss[2s][F][A][2s]' 


(A20) 
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The  coefficient  of  L2F0  in  equation  (A19)  equals  the  coefficient  of  —LiE„  in  (A20).  Equa¬ 
tions  (A19)  and  (A20)  are  subjected  first  to  the  condition  vo=0  and  then  to  the  condition  1% =0. 
Eliminating  E„  in  (A19),  when  vo=0,  and  F0  in  (A20),  when  I„=0,  we  obtain 


F0 


UIDo 


__El 

vo=0  L2v0 


I?=  0 


(A21) 


This  is  the  reciprocity  relation  that  exists  in  the  combined  electromechanical  system. 
Equations  (A20),  (A19),  and  (A17)  can  be  written  for  brevity  as 


v0 —  CF 'o+ALxE? 

(A22) 

Id0  =  -AL2F0YBLxEd0 

(A23) 

El=HF0YNLxED0, 

(A24) 

where  the  constants  A,  B,  C,  H,  and  N  depend  only  on  the  calibrator  construction. 

In  eq  (1)  a  relationship  is  given  for  the  calibration  factor,  defined  as  F=Eo/v0,  as  a  function 
of  the  mechanical  impedance,  Yp,  of  the  object  on  the  mounting  table.  We  will  determine  this 
equation  in  terms  of  the  calibrator  constants  A,  B,  C,  H,  and  N  of  eq  (A22)  to  (A24).  If  the 
force,  F0,  is  only  the  reaction  to  driving  a  mechanical  impedance  Y  at  a  velocity  v0, 

v0=-F0/Y .  (A25) 

Substituting  (A25)  in  (A22)  and  solving  for  F0, 

A  T 

Fo=-Eo  (A26) 

Substituting  (A26)  into  (A24)  and  (A25)  and  forming  the  ratio  Eg/r0, 


F  E°  N 

f^=a 


(A27) 


We  see  that  N/A  in  eq  (A27)  is  a  in  eq  (1)  and  ( NC/A)—H  in  eq  (A27)  is  b  in  eq  (1)  when  Y  is 
Yp. 

a  — N/A,  b=(NC/A)—H.  (A2S) 


In  experiment  1,  section  2,  the  transfer  admittance  G=I°/Eo  is  determined  for  a  series  of 
weights,  W,  attached  to  the  mounting  table.  Substituting  (A26)  into  (A23)  and  (A24)  and 
forming  the  ratio  G, 

n_I°  B+(BC+A2L2)Y  ,Aon, 

Es0  N+{NC-AH)Y'  y-  ’ 


In  experiment  1,  Fis  the  mechanical  impedance  juW/g,  where  Ibis  the  weight  on  the  mounting 
table,  co  the  frequency  in  radians  per  second,  and  g  the  acceleration  of  gravity,  386  in. /sec2. 
Making  this  substitution  in  (A29)  and  forming  W/(G—  G„),  where  G0  is  the  value  of  G  when 
F=0,  we  find 


W  386  N2  N2C—AHN 

G—  G0  jco  A2NL2+ABH+A2NLo + ABH  ' 


(A30) 
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We  see  that  the  intercept  J  and  slope  Q  found  in  determining  W(G—G„)  experimentally  are 

386  N2 


J= 

Q= 


A2NLi+ABH 
N2C~AHN 


A2NL2+ABH 


(A31) 

(A32) 


In  experiment  2,  section  2,  the  voltage  ratio,  R=E„/E„,  is  determined  when  Ip  is  zero. 
Eliminating  F0  between  (A23)  and  (A24)  and  setting  I„=0,  we  see  that 

R=Es0/E?=HBLi+^NLiL2.  (A  33) 

Equation  (4)  is  obtained  when  eq  (A31)  through  (A33)  are  substituted  into  (A28)  and  Lj 
and  L2  have  the  values  given  previously. 

From  eq  (A29),  G0=B/N,  when  Y  is  zero,  that  is,  G0  is  the  value  of  G  when  nothing  is 
attached  to  the  mounting  table  of  the  calibrator.  If  Gp  is  the  value  of  eq  (A29)  when  Y—Yp, 
where  Yp  is  the  mechanical  impedance  of  a  pickup  to  be  determined,  we  find  that 


N\GP~G0, ) 

p  (. A2L2N+AHB)-{N2C-AHN)(Gp-G0, ) 


(A  34) 


The  substitution  of  eq  (A31)  and  (A32)  into  (A34)  gives  eq  (5)  for  determining  the  mechanical 
impedance  of  a  pickup  attached  to  the  mounting  table  of  the  calibrator. 


We  are  indebted  to  L.  R.  Sweetman  for  guidance  in  setting  up  the  laboratory  equipment, 
and  to  Richard  Harwell,  Jr.,  for  the  careful  machining  of  the  masses  and  the  various  fixtures 
used.  Ruth  Woolley  performed  the  least-squares  calculations  and  Carol  Waldron  prepared 
the  figures. 
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A  FACILITY  FOR  THE  EVALUATION  OF  RESISTANCE  STRAIN 
GAGES  AT  ELEVATED  TEMPERATURES 

By  R.  L.  Bloss1 


Synopsis 

Because  of  the  urgent  need  for  making  strain  measurements  under 
elevated  temperature  conditions,  a  number  of  “high-temperature”  strain 
gages  have  recently  become  available.  Although  most  of  the  companies 
producing  these  gages  provide  some  performance  information,  potential 
users  are  in  need  of  much  more  complete  information  in  order  to  choose 
a  gage  suitable  for  their  needs  and  to  interpret  test  results  obtained 
with  it.  Such  information  will  also  assist  in  the  development  of  better 
gages.  A  facility  which  is  being  established  at  the  National  Bureau  of 
Standards  for  the  comprehensive  evaluation  of  these  gages  is  described 
and  some  typical  results  of  the  evaluation  tests  are  shown. 


As  the  need  for  obtaining  strain 
measurements  at  elevated  temperatures 
increased,  the  effort  devoted  to  devel¬ 
oping  a  gage  for  this  purpose  was  ex¬ 
panded.  This  is  reflected  in  the  appear¬ 
ance  in  the  past  few  years  of  a  number 
of  strain  gages  of  different  designs, 
mostly  of  the  bonded  resistance  type. 
As  these  gages  were  used,  however,  it 
became  obvious  that  they  had  short¬ 
comings  which  had  not  been  antici¬ 
pated  and  were  not  necessarily  pre¬ 
dictable.  Discussions  at  various  meet¬ 
ings  and  conferences  as  to  the  need 
for  these  gages  and  of  their  short¬ 
comings  pointed  to  the  desirability  of 
establishing  an  evaluation  facility.  Such 
a  facility  could  provide  information  to 
assist  in  the  development  of  more  satis¬ 
factory  gages  at  the  same  time  that  it 
was  providing  data  on  the  performance 

1  Physicist,  Engineering  Mechanics  Sec¬ 
tion,  National  Bureau  of  Standards,  Wash¬ 
ington,  D.  C. 


of  the  available  gage  types.  In  order  to 
best  use  equipment  and  techniques  that 
had  been  previously  developed  for  the 
evaluation  of  room-temperature  gages 
(l),2  post-yield  gages  (2),  and  tempera¬ 
ture-compensating  gages  (3),  the  De¬ 
partment  of  the  Navy  and  Department 
of  the  Air  Force  have  sponsored  the 
establishment  of  such  an  evaluation  fa¬ 
cility  at  the  National  Bureau  of  Stand¬ 
ards. 

Scope  of  Evaluation 

In  the  beginning  there  was  little 
available  information  regarding  ex¬ 
pected  gage  performance  at  elevated 
temperatures.  Frequently  the  manufac¬ 
turer  provided  only  a  gage  factor  for 
room  temperature  which  was  some¬ 
times  a  theoretical  value  based  only 

2  The  boldface  numbers  in  parentheses  re¬ 
fer  to  the  list  of  references  appended  to  this 
paper,  see  p.  66. 
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upon  gage  geometry  and  wire  charac¬ 
teristics.  In  some  cases  not  even  the 
gage  factor  was  given.  On  the  other 
hand,  potential  users  recognized  the 
need  for  much  more  complete  informa¬ 
tion  and  compiled  lists  of  gage  require¬ 
ments  which,  although  perhaps  some¬ 
what  idealistic,  provided  a  guide  for 
selecting  tests  to  which  the  gages 


Fig.  1. — Method  for  Determining  Gage 
Factor. 


should  be  subjected.  The  selection  of 
evaluation  tests  was  also  influenced  by 
conferences  and  informal  conversations 
with  people  involved  in  the  develop¬ 
ment,  manufacture,  and  use  of  these 
-gages.  The  tests  selected  were  designed 
to  determine  the  following  character¬ 
istics  : 

1.  The  variation  of  gage  factor  with 
temperature  and  strain  history, 

2.  The  linearity  of  the  relative 
change  of  resistance  with  strain, 

3.  The  relative  change  of  resistance 
of  the  gage  with  time  at  nearly  constant 
temperature  and  with  no  mechanically 
applied  strain, 

4.  The  relative  change  of  resistance 
of  the  gage  due  to  small  temperature 
fluctuations  and  large  changes  in  tem¬ 
perature, 

5.  The  ability  of  the  gages  to  with¬ 
stand  storage  under  various  humidity 
conditions, 

6.  The  effects  of  transient  heating 
and  cooling  on  the  installed  gages. 

It  is  expected  that  other  factors  will 
be  evaluated  as  the  need  arises  and  if 


the  performance  of  a  gage  warrants 
such  evaluation. 

Considering  the  number  of  gages 
available  for  evaluation  and  the  num¬ 
ber  of  variables  involved  in  test  facili¬ 
ties  where  they  might  be  used,  it 
seemed  that  complete  evaluation  for  all 
gages  under  all  conditions  would  be 
impractical  if  not  impossible.  Therefore 
an  attempt  has  been  made  to  establish 
a  facility  which  could  provide  sufficient 
information  to  permit  a  logical  choice 
of  gage  type  for  a  particular  test  condi¬ 
tion  and  to  minimize  the  evaluation 
work  which  would  be  required  before 
the  gages  could  be  used  for  a  particular 
test. 


Fig.  2. — Wheatstone  Bridge  Circuit  for 
Resistance  Measurements. 

Equipment  and  Procedure 

The  method  adopted  for  obtaining 
gage  factor  values  and  determining 
linearity  is  similar  to  that  described 
by  Campbell  (1)  and  is  illustrated  in 
Fig.  1.  The  resistance  gage  to  be  tested 
is  attached  to  a  test  strip  of  uniform 
cross-section  following  the  recom¬ 
mended  installation  procedure.  An 
optical  strain  gage  (4)  spans  the  gage 
being  tested  and  serves  as  a  stand¬ 
ard  strain  measuring  device.  Elec¬ 
trical  leads  to  the  gage  and  thermo- 
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Fig.  3. — Test  Equipment  for  Gage  Factor 
Determination. 


couples  pass  either  through  or  around 
the  knife  edge  of  the  optical  gage  to  the 
electrical  measuring  equipment.  The 
change  of  resistance  of  the  gage  as  it 
is  strained  is  measured  by  means  of  the 
Wheatstone  bridge  circuit  shown  in 
Fig.  2.  Variable  resistances  A  and  B 
are  contained  in  a  Wenner  ratio  set,  D 
is  a  fixed  resistor  of  known  value,  R 
is  the  gage  being  tested,  and  r  is  the 
resistance  of  the  leads  to  the  gage.  This 
lead  resistance  is  made  small  and  is 
also  duplicated  in  an  adjacent  arm  of 
the  bridge  circuit  to  provide  compensa¬ 
tion  for  lead  resistance  variations.  Arm 
A  is  variable  in  steps  of  1  ppm  of  its 
nominal  resistance  and  arm  B  is  vari¬ 
able  in  steps  of  400  ppm.  The  gal¬ 
vanometer,  G ,  has  sufficient  sensitivity 
to  indicate  clearly  a  change  of  resis¬ 
tance  of  1  ppm,  the  smallest  increment 
of  arm  A.  The  relative  change  of  re¬ 


sistance  of  the  gage, 


AT? 

R 


can  be  ex¬ 


pressed  in  terms  of  the  A  and  B  arm 


dial  settings  (a0,  a1,  a2,  b0,  b1,  and  b2 ), 
the  fixed  resistance,  D,  the  initial  gage 
resistance,  R,  and  the  lead  resistance, 
r,  as 

AT ?  1  f  100+  (fla  — flo) 

R  ~  100  Ll+0.04 (ba-bo) 

1 00  — | —  (di — Uo)""l  D-\-r 

l+0.04(6i— 6o)J  R 

After  the  bridge  circuit  is  initially 
balanced,  tests  are  conducted  by  setting 
a  predetermined  change  of  resistance 
onto  the  Wenner  ratio  set  and  loading 
the  test  strip  until  the  bridge  is  again 
balanced,  at  which  time  an  optical  gage 
reading  is  taken.  This  process  is  re¬ 
peated  to  obtain  a  series  of  readings 
for  increasing  and  decreasing  loads. 
After  corrections  for  temperature  fluc¬ 
tuations,  elapsed  time,  and  instrument 
calibration  are  applied,  the  gage  factor 
is  determined  as  the  slope  of  the  curve 
of  relative  change  of  resistance  versus 


Fig.  4. — Optical  Strain  Gage  Mounting. 
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is  obtained  from  a  line  fitted  to  the  data 
by  least  squares.  The  departure  of  the 
experimental  points  from  the  least 
squares  curve  shows  the  non-linearity 
of  the  gage  response. 

The  equipment  originally  used  for 
these  tests  is  shown  in  Fig.  3.  It  con¬ 
sisted  of  the  test  strip  extending 
through  a  furnace  which  was  mounted 
in  a  universal  testing  machine.  A  win¬ 
dow  in  the  furnace  permitted  the  opti¬ 
cal  gage  readings  to  be  obtained  with 


In  order  to  overcome  these  disad¬ 
vantages,  equipment  using  a  horizontal 
test  strip  which  can  be  loaded  in  either 
tension  or  compression  was  designed. 
This  machine  is  shown  in  Fig.  5.  A 
test  strip  is  held  in  wedge-type  grips 
and  also  fits  tightly  against  a  compres¬ 
sion  bearing  member  at  each  end.  The 
load  is  applied  by  a  variable  speed  me¬ 
chanical  drive  through  a  gear  chain, 
linear  motion  being  assured  by  a  torque 
arm.  The  optical  gage  is  held  onto  the 


Fig.  5. — Horizontal  Test  Equipment  for  Gage  Factor  Determination. 


the  autocollimator.  This  arrangement 
had  several  disadvantages,  the  princi¬ 
pal  ones  being, 

1.  Difficulty  in  maintaining  a  uni¬ 
form  temperature  due  to  chimney  ef¬ 
fect, 

2.  The  limiting  of  tests  to  tension 
loading,  and 

3.  Difficulty  in  mounting  the  optical 
gage  onto  the  test  strip.  (The  method 
which  was  used  to  hold  the  optical 
gages  is  shown  in  Fig.  4.) 


specimen  by  means  of  a  suitable 
weight.  The  furnace  is  mounted  on  a 
carriage  to  permit  easy  adjustment  of 
its  position  as  well  as  to  facilitate  in¬ 
serting  the  test  specimen  into  the  ma¬ 
chine.  Evaluation  tests  are  conducted 
in  the  same  manner  as  was  outlined 
above. 

It  was  soon  found  that  the  change  of 
gage  resistance  with  time  at  elevated 
temperature  (drift)  could  be  great 
enough  to  be  a  serious  problem.  In 
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order  to  measure  this  change  of  resist¬ 
ance  satisfactorily,  the  equipment 
shown  in  Fig.  6  was  assembled.  It  con¬ 
sists  of  a  small  furnace  and  a  stand 
and  holder  for  holding  a  small  test  strip 
in  the  furnace  without  applying  a  load 
or  restraint  upon  it.  Electrical  leads 
and  thermocouples  are  brought  out  to 
electrical  measuring  instruments.  Since 


ELECTRICAL  LEADS 


.y. 'furnace 

!  HOLDI 

-R  \ 

^z-GAGE 

TEST  STRIP  ^ 

1 _ 1 

Fig.  6. — Equipment  for  Drift  Determina¬ 
tion. 

the  resistance  changes  are  frequently 
too  large  and  rapid  to  follow  with  the 
Wenner  ratio  set,  a  Baldwin  SR-4 
strain  indicator  which  had  been  previ¬ 
ously  calibrated  was  used  to  measure 
the  relative  change  of  resistance.  In 
practice,  the  furnace  is  preheated  to  the 
desired  test  temperature,  the  test  strip 
is  inserted  into  the  furnace  and  allowed 
to  come  to  temperature,  and  then  the 
apparent  strain  indicated  by  the  gage 
and  the  temperature  of  the  test  strip 
are  noted  at  frequent  intervals  for  at 
least  one  hour.  Corrections  are  applied 
to  the  data  for  the  temperature  fluctua¬ 
tions  which  occur  during  this  time. 

In  order  to  apply  the  proper  correc¬ 
tions  for  temperature  fluctuations  dur¬ 
ing  gage  factor  and  drift  tests,  values 
of  temperature  coefficient  of  resistance 
are  required.  These  “temperature  co¬ 
efficients”  are  obtained  for  each  gage 
at  each  test  temperature  by  causing  the 
temperature  to  increase  a  few  degrees 
and  decrease  a  similar  amount  during 
which  time  the  resistance  change  is 
noted.  The  temperature  coefficient,  a, 
is  then  determined  by  eliminating  the 


drift  rate,  /3,  from  the  simultaneous 
equations 

a  Ti  Q  ti  —  A 

a  A  h  -f-  A  A  —  B 

where : 

A  T1  and  A  T2  are  the  temperature 
changes, 

A  t1  and  A  t2  are  the  corresponding 
time  intervals,  and 

A  and  B  are  the  measured  apparent 
strains,  or  resistance  changes. 

It  should  be  noted  that  this  method 
assumes  that  the  temperature  coeffi¬ 
cients  and  drift  rates  are  constants,  in¬ 
dependent  of  small  temperature  varia¬ 
tions,  of  direction  of  temperature 
change,  and  of  time.  It  should  also  be 
noted  that  this  temperature  coefficient 
is  for  a  gage  installed  on  a  test  strip 
and  is  therefore  a  function  of  the  co¬ 
efficient  of  resistance  of  the  gage  ele¬ 
ment,  of  the  coefficient  of  linear  expan¬ 
sion  of  the  gage  element  and  the  test 
strip,  and  of  the  gage  factor.  It  is  also 
quite  possible  that  the  cement  will  be 
a  contributing  factor.  It  is  assumed  that 
all  of  these  factors  remain  constant 
over  the  time  and  temperature  intervals 
involved. 


Fig.  7. — Equipment  for  Transient  Heating. 

In  order  to  evaluate  the  ability  of 
the  gages  to  withstand  storage  at  dif¬ 
ferent  humidity  levels,  test  chambers 
consisting  of  desiccator  jars  with  satu¬ 
rated  salt  solutions  to  provide  relative 
humidity  levels  of  about  12,  55,  and  93 
per  cent  (5)  were  assembled.  These 
chambers  are  used  to  store  gages  in 
three  conditions  :  ( 1 )  as  received  from 
the  manufacturer,  (2)  in  contact  with 
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uncured  cement,  and  (3)  in  contact 
with  cement  cured  according  to  the 
gage  manufacturer’s  recommendations. 
The  resistance  of  each  of  the  gages  is 
measured  at  suitable  intervals,  usually 
once  a  week.  A  significant  change  of 
resistance  would  be  evidence  of  deteri¬ 
oration  of  the  resistance  element,  the 
bonding  agent,  or  both. 


Fig.  8. — Transient  Heating  Temperature 
Cycles. 


Since  many  of  the  tests  for  which 
high-temperature  strain  gages  are 
needed  involve  transient  heating,  it 
seemed  necessary  to  determine  how 
rapid  temperature  changes  would  affect 
the  gages,  to  evaluate  their  perform¬ 
ance  characteristics  under  such  condi¬ 
tions,  and  to  define  some  of  the  prob¬ 
lems  associated  with  the  use  of  gages 
under  these  conditions.  For  this  pur¬ 
pose  the  apparatus  shown  in  Fig.  7.  was 
assembled.  It  consists  of  an  open-ended 
transite  box  through  which  are  inserted 
nine  quartz  tube  radiant  heat  lamps. 
This  box  is  mounted  at  the  output  of 
a  centrifugal  blower.  A  holder  for  a  test 


strip  is  mounted  at  the  other  end  of 
the  box.  The  heaters,  normally  rated 
500w  at  125v,  are  operated  at  208v. 
When  the  heaters  are  turned  on,  an 
automatic  system  takes  over  to  turn  the 
lamps  off  and  the  blower  on  when  the 
test  strip  reaches  a  preset  temperature. 
The  heating  and  cooling  of  a  small 
stainless  steel  test  strip  (1  by  0.050 
in.)  obtained  with  this  apparatus  is 
shown  in  Fig.  8.  The  maximum  heating 
rate  is  about  60  F  per  sec. 

During  such  temperature  cycles  the 
relative  change  of  resistance  of  the 
gage,  indicated  by  the  output  voltage 
of  a  bridge  circuit  of  which  the  gage 
is  one  arm,  is  recorded  as  a  function  of 
the  test  strip  temperature  which  is 
measured  by  a  thermocouple  spot- 
welded  to  the  strip.  An  Electro-Instru¬ 
ment  Model  225  X-Y  recorder  is  used 
to  record  these  values. 


Fig.  9. — Gage  Factor  Values  for  Two 
Gages. 


Test  Results 

Gage  factor  values  obtained  in  ten¬ 
sion  and  compression  tests  of  two  gage 
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types  are  shown  in  Fig.  9.  It  was  not 
felt  practical  to  carry  out  static  gage 
factor  determinations  for  these  gages 
at  temperatures  higher  than  shown  be¬ 
cause  of  the  high  drift  rates  that  would 
have  been  encountered.  Even  at  these 
temperatures,  the  application  of  rather 
large  corrections  to  the  loading  cycle 
data  was  required  as  shown  in  Fig.  10. 
Drift  rate  and  temperature  coefficient 
values  for  use  in  making  these  correc¬ 
tions  were  determined  when  the  indi¬ 
vidual  gages  were  being  evaluated. 
Since  the  temperature  fluctuations 
were  small,  perhaps  1  F,  during  these 
gage  factor  tests,  the  greater  part  of 
these  corrections  are  for  drift. 

The  departure  of  the  gage  response 

A/? 

from  the  straight  line  relationship 

R 

=  Ke  is  shown  in  Fig.  11.  These 
values  were  obtained  after  the  correc¬ 
tions  of  Fig.  10  had  been  applied. 

Type  A  Goge 
800  F  -  Compression 


Fig.  10. — Corrections  for  Drift  and  Tem¬ 
perature  Fluctuations. 


The  magnitude  of  the  corrections 
shown  in  Fig.  10  indicate  that  drift 
can  be  a  serious  problem.  In  order  to 
find  at  what  temperatures  this  charac¬ 
teristic  would  preclude  static  gage  fac¬ 
tor  determinations,  drift  was  measured 
at  temperatures  as  high  as  1000  F. 
Typical  values  for  one  type  of  gage  are 
shown  in  Fig.  12.  It  is  interesting  to 
note  that  the  drift  can  be  either  positive 

Type  B  Gage 
700  F  -Tension 


Fig.  11. — Strain  Deviation  of  Two  Gages. 
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or  negative  depending  upon  material 
and  temperature.  It  has  also  been  found 
that  its  magnitude  and  sometimes  its 
direction  can  be  changed  by  thermal 
history.  This  is  shown  in  Fig.  13  which 
shows  the  drift  behavior  of  four  gages 
of  one  type  at  800  F  with  different 
thermal  histories. 

The  temperature  coefficient  of  the 
gages  varied  considerably  from  gage  to 
gage  of  one  type.  The  curve  of  Fig.  14 


pendent  of  time,  temperature,  and  di¬ 
rection  of  temperature  change  even 
over  the  small  time  and  temperature 
intervals  involved. 

An  example  of  relative  change  of  re¬ 
sistance  of  a  gage  while  being  subjected 
to  temperature  changes  of  about  60  F 
per  sec  is  shown  in  Fig.  15.  The  curves 
shown  are  for  two  heating  cycles  of 
the  same  gage.  The  large  difference  in 
the  slopes  of  the  curves  shows  that  the 


is  drawn  through  the  average  values 
obtained  from  four  or  more  gages  at 
each  temperature ;  each  gage  had  been 
subjected  to  a  different  thermal  his¬ 
tory.  The  vertical  lines  show  the  range 
of  values  obtained  at  each  temperature. 
In  this  case  some  of  the  discrepancy, 
especially  at  the  higher  temperatures, 
may  be  due  to  an  invalidity  of  the  as¬ 
sumption  that  the  temperature  coeffi¬ 
cient  does  not  vary  rapidly  with  tem¬ 
perature.  In  other  instances  there  is 
some  doubt  about  temperature  coeffi¬ 
cient  and  drift  rate  being  nearly  inde¬ 


resistance  -  temperature  characteristics 
of  the  gage  were  drastically  changed 
by  this  treatment.  The  difference  in  the 
curves  for  heating  and  cooling  may  be 
due  to  a  number  of  factors.  The  most 
probable  of  these  are:  (a)  the  resist¬ 
ance-temperature  characteristics  of  the 
gage  may  depend  upon  the  direction  of 
temperature  change,  ( b )  there  may  be 
a  permanent  change  in  the  gage  wire 
characteristics  due  to  thermal  history, 
or  (c)  a  temperature  difference  which 
may  depend  upon  temperature  and  di¬ 
rection  and  rate  of  temperature  change 
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Fig.  13. — Effect  of  Thermal  History  on  Drift. 

may  exist  between  the  gige  and  the 
test  strip.  Until  a  better  understanding 
of  these  factors  can  be  obtained,  these 
results  can  only  serve  to  point  out  a 
potential  source  of  serious  error  in 
using  resistance  strain  gages  for  tests 
under  transient  heating  conditions. 

Conclusions 

The  number  of  variables  encountered 
in  the  use  of  resistance  strain  gages  at 
elevated  temperatures  is  considerably 
greater  than  for  room  temperature  use. 

It  is  therefore  essential  that  a  complete 
evaluation  of  the  performance  charac¬ 
teristics  be  made  in  order  that  the 
effect  of  these  characteristics  can  be 
known  for  the  gages  under  various  test 
conditions.  Since  the  number  of  test 
conditions  is  large,  it  is  not  practical 
for  one  facility  to  evaluate  all  gages  for 
all  test  conditions.  There  should,  how¬ 
ever.  be  a  central  evaluation  facility  to 
provide  sufficient  information  about  the 
various  gage  types  to  guide  users  in 
their  selection  of  a  particular  gage  type 
and  to  minimize  the  additional  evalua¬ 
tion  that  may  be  necessary  prior  to  the 
use  of  these  gages. 


Future  Plans 

Although  the  current  facility  is  suit¬ 
able  for  obtaining  considerable  gage 
performance  information  at  tempera¬ 
tures  up  to  1000  F  (higher  for  some 
characteristics),  it  is  inadequate  for 
some  needs.  The  most  urgent  need  is 
for  a  more  rapid  method  of  evaluation 
to  supplement  the  present  facility  bv 
determining  which  gage  types  are  suit¬ 
able  for  a  more  complete  evaluation 
and  by  providing  performance  data, 


Fig.  14. — Average  Temperature  Coefficient 
of  Several  Gages. 
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Temperature,  deg  Fahr 

Fig.  15. — Response  of  Gage  with  Transient  Heating. 


although  less  complete,  at  an  earlier 
date.  More  information  is  also  needed 
on  gage  performance  for  test  conditions 
which  require  transient  heating  condi¬ 
tions,  including  higher  heating  rates 
than  those  obtained  with  the  present 
facility ;  dynamic,  including  transient, 
loading  conditions  ;  long  time  stability  ; 
slow  temperature  changes ;  and  expo¬ 
sure  to  radioactive  radiation  and 
strong  electric  and  magnetic  fields. 


Plans  currently  are  being  made,  and  in 
some  cases  equipment  is  being  assem¬ 
bled,  to  establish  facilities  for  some  of 
this  work.  Work  on  some  of  the  phases, 
such  as  the  effect  of  radiation  exposure, 
which  would  require  elaborate  and  spe¬ 
cialized  equipment  has  not  yet  been 
undertaken,  but  as  these  phases  become 
increasingly  important  facilities  for 
evaluation  in  these  areas  will  need  to  be 
established. 
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Liquid-Flowmeter  Calibration  Techniques 

By  M.  R.  SHAFER1  and  F.  W.  RUEGG,2  WASHINGTON,  D.  C. 


Calibration  techniques  for  liquid  flowmeters  are  discussed 
with  emphasis  on  problems  which  are  known  to  influence  the 
accuracy  of  calibration  procedures.  Also,  reference  methods 
which  have  been  used  to  evaluate  the  comparative  accuracy  of 
different  calibrators  are  described.  The  results  of  comparative 
accuracy  tests  on  four  calibrators  of  different  designs  are  pre¬ 
sented  and  it  is  shown  that  the  agreement  between  these  is 
within  ±0.15  per  cent  in  the  test  range  of  10,000  to  100,000  lb 
per  hr.  The  many  precautions  necessary  to  approach  this  pre¬ 
cision  from  the  traditionally  accepted  “plus  and  minus  one  per 
cent”  are  given  in  detail. 

Introduction 

In  the  course  of  a  continuing  program  of  research  and  develop¬ 
ment  at  the  National  Bureau  of  Standards  on  aircraft  fuel¬ 
metering-accessory  test  equipment,  conducted  under  the  spon¬ 
sorship  of  the  Bureau  of  Aeronautics,  the  performance  of  various 
liquid  flowmeters  has  been  investigated  as  well  as  equipment  and 
techniques  for  their  calibration.  Experience  has  demonstrated 
that  absolute  accuracies  better  than  ±0.3  per  cent  are  possible 
in  the  calibration  of  direct-indicating  flow-rate  meters.  It  is 
believed  that  the  calibration  techniques  used  to  attain  such 
accuracies  are  of  sufficient  general  interest  to  warrant  presentation 
here.  Thus  the  objectives  of  this  paper  are  to  present  a  discus¬ 
sion  on  flowmeter-calibration  techniques;  to  present  data 
obtained  at  the  National  Bureau  of  Standards  and  elsewhere; 
to  demonstrate  the  present  state  of  the  flowmeter-calibration 
art;  and  to  describe  some  of  the  limitations  of  existing  calibra¬ 
tion  equipment  and  procedures. 

The  techniques  discussed  herein  are  applicable  to  totalizing 
meters  for  which  calibration  procedures  are  established  and  de¬ 
fined  (l).3  However,  our  primary  interest  and  experience  have 
been  restricted  to  direct-reading  liquid  flowmeters  operating 
under  steady-flow  conditions  in  the  range  5  to  100,000  lb  per  hr. 

A  meter  calibration  may  be  considered  accurate  only  for  the 
conditions  existing  at  the  time  the  calibration  data  were  taken. 
Thus  those  quantities  which  can  influence  the  performance  of 
the  meter  must  be  known,  measured,  and  controlled  during  pre¬ 
cise  calibration  work.  Factors  influencing  the  performance  of 
the  different  type  meters  have  been  investigated  and  reported  in 
numerous  papers,  among  which  are  (2  to  7).  These  factors  are 
the  density,  viscosity,  and  temperature  of  the  liquid;  upstream, 
and  to  a  lesser  extent,  downstream  flow  disturbances;  the  vapor 
pressure  and  absolute  pressure  level;  and  the  orientation  and 
scale  sensitivity  of  the  meter.  Of  course,  the  influence  of  these 
varies  widely  among  the  different  type  meters. 

Summarizing  the  possible  influences  on  meter  performance,  it 
may  be  noted  that  the  influence  of  density  usually  can  be  pre¬ 
dicted  through  analysis.  The  erratic  effects  of  viscosity  are 
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3  Numbers  in  parentheses  refer  to  the  Bibliography  at  the  end  of 
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of  the  Society.  Manuscript  received  at  ASME  Headquarters,  July 
24,  1957.  Paper  No.  57— A-70. 


most  pronounced  with  the  smaller  sized  meters  and  can  be 
established  only  through  calibration  tests.  Temperature  exerts 
its  influence  through  its  effects  upon  the  configuration  of  the  meter 
and  upon  the  physical  properties  of  the  test  liquid.  Vapor 
pressure  and  pressure  level  should  have  no  appreciable  influence 
provided  compressibility  of  the  liquid  is  not  significant  and  the 
pressure  level  is  sufficient  to  prohibit  vapor  formation.  Finally, 
meters  are  sensitive  to  external  flow  disturbances,  and  this 
effect  generally  increases  with  meter  size  and  flow  rate.  In  fact, 
inadequate  control  of  flow  disturbances  is  one  of  the  greatest 
sources  of  error  in  precise  work. 

Although  meter  characteristics  may  seem  a  separate  problem 
from  that  of  calibration,  it  must  be  stressed  that  precise  calibra¬ 
tion  work  cannot  be  performed  unless  these  are  given  ample  con¬ 
sideration  in  specifying  and  controlling  the  conditions  of  calibra¬ 
tion. 

Selection  and  Calibration  of  Instrumentation 

Extreme  accuracy  is  now  possible  in  the  measurement  of 
mass,  time,  and  those  other  quantities  required  for  the  flow¬ 
meter  calibration.  Perhaps  some  thoughts  regarding  the  selec¬ 
tion  and  calibration  of  the  separate  instrumentation  items 
may  be  of  value  before  discussing  representative  calibration  sys¬ 
tems.  The  calibrator  will  require  a  timer,  scales  for  the 
measurement  of  mass  or  prover  tanks  for  volumetric  determina¬ 
tions,  thermometers,  density-measuring  instruments,  and  perhaps 
a  viscometer.  Each  of  these  must  have  sufficient  sensitivity  and 
accuracy  to  serve  its  intended  purpose. 

Electronic-counter  timers  are  preferred  for  measuring  the  time 
interval.  Many  different  makes  are  now  available  which  operate 
on  the  principle  of  counting  the  pulses  from  a  tuning  fork  or 
quartz-crystal  oscillator.  These  usually  indicate  in  units  of 
0.001  sec  and  have  provisions  for  electronic  actuation.  They 
are  considered  to  be  better  suited  for  this  application  as  compared 
to  synchronous  clocks  and  stop  watches  which  are  dependent 
upon  the  frequency  of  the  power  supply,  have  minimum  scale 
divisions  of  0.1  sec,  and  utilize  mechanical  methods  of  actuation. 
Standards  of  time  and  frequency  are  broadcast  by  the  National 
Bureau  of  Standards  over  station  WWV  in  Maryland  and  WWVH 
in  Hawaii  (8).  These  precise  signals,  accurate  2  parts  in  100 
million,  are  adequate  and  convenient  references  for  the  calibration 
of  timers. 

Volumetric  calibrating  systems  will  require  prover  tanks. 
Specifications  and  calibration  procedures  for  these  are  given  in 
(1).  Accuracies  better  than  0.1  per  cent  of  the  nominal  tank 
volume  can  be  attained  with  prover  tanks  provided  adequate 
and  proper  temperature  corrections  are  applied. 

For  the  gravimetric-type  calibrator  a  scale  of  conventional 
design,  equipped  with  weighbeam  and  counterpoise  is  recom¬ 
mended.  The  addition  of  quick-weighing  or  automatic  indica¬ 
tion  devices  is  not  considered  necessary  and  possibly  might 
prove  detrimental  to  over-all  accuracy  as  compared  to  the  free- 
swinging  lever  system.  For  smaller  capacities,  a  straight  lever 
system  or  even  the  equal-arm  balance  should  be  used.  Balances 
of  the  torsion-tape  and/or  flexure-plate  type  also  will  prove 
suitable  because  of  their  inherent  stability.  Features  influencing 
their  selection  and  use  will  include  capacity,  smallest  weighbeam 
graduations,  and  sensitivity  which  can  be  adjusted  by  the  manu¬ 
facturer  as  required. 

Before  placing  the  scale  in  service,  two  tests  extending  over  the 
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load  range  at  which  it  will  be  used  should  be  conducted.  The 
first  should  be  made  before,  the  other  after  installation  of  the 
weigh  tank  and  its  connections.  If  the  two  are  not  in  agreement, 
connections  are  likely  interfering  with  proper  functioning  of  the 
scale  and  the  conditions  should  be  corrected.  This  calibration 
should  be  done  with  test  weights  that  meet  C  tolerances  (9  and 
10)  and  not  by  the  comparison  of  one  scale  with  another. 
Test  weights  may  be  secured  from  state  or  city  Weights  and 
Measures  Departments,  or  if  these  are  not  available,  the  services 
of  the  scale  manufacturer  should  be  secured.  The  National  Bu¬ 
reau  of  Standards  will  certify  test  weights  in  Washington,  D.  C., 
or  at  the  National  Bureau  of  Standards  Master  Scale  Depot 
located  in  the  Clearing  Industrial  District  of  Chicago,  111.  A 
self-contained  or  built-in  type  scale  is  desired  to  prevent  damage 
to  which  portable  type  scales  are  subject  during  moving  and 
handling.  Also,  the  scale  must  be  protected  from  wind  and  air 
currents  while  in  use,  since  even  light  air  currents  produce 
weighing  errors  of  appreciable  magnitude. 

Temperatures  should  be  indicated  preferably  with  mercury-in- 
glass  thermometers  usually  of  the  range  0  to  120  F  graduated  in 
single  degrees  and  accurate  to  one  degree  or  better.  Standards, 
specifications,  and  methods  of  testing  liquid-in-glass  thermome¬ 
ters  are  reported  in  (11)  for  the  range  —110  to  +750  F.  This 
reference  lists  the  range,  subdivisions,  maximum  permissible 
scale  error,  and  installation  instructions  for  the  numerous  types 
of  thermometers  used  in  test  work. 

In  those  calibration  applications  requiring  a  conversion  be¬ 
tween  volumetric  and  gravimetric  units,  the  measurement  of 
liquid  density  is  of  extreme  importance.  Instruments  for  deter¬ 
mination  of  liquid  gravity  or  density  include  the  hydrometer, 
pycnometer,  and  Westphal  balance.  The  hydrometer  is  the 
simplest  of  these  and  it  yields  fairly  accurate  results.  Speci¬ 
fications,  tolerances,  and  methods  of  certification  for  hydrom¬ 
eters  are  described  (12).  If  the  test  liquid  is  a  petroleum  prod¬ 
uct,  any  necessary  conversion  from  specific-gravity  units  to 
density  and  corrections  for  temperature  differentials  can  be  made 
conveniently  on  the  basis  of  Petroleum  Measurement  Tables 
(13)  which  contain  conversion  and  thermal-expansion  factors  for 
all  liquid-petroleum  products  within  the  specific  gravity  range 
0.46  to  1.10. 

A  Static  Weighing  Calibration  System 

Calibration  of  a  liquid  flowmeter  involves  a  determination  of 
the  time  interval  required  for  a  measured  mass  or  volume  of 
fluid  to  pass  through  the  meter,  at  a  constant  indicated  rate, 
under  the  specified  conditions  of  calibration.  As  extreme 
accuracy  is  possible  in  the  measurement  of  mass  and  time,  the 
limiting  factors  in  the  procedure  are  the  technique,  the  sensi¬ 
tivity  of  the  meter,  the  constancy  of  the  indicated  flow  rate,  the 
mechanics  of  collection  of  the  fluid,  and  the  method  of  timer 
actuation. 

In  presenting  this  discussion  of  a  representative  flowmeter- 
calibrating  system,  an  apparatus  which  was  designed-  and  con¬ 
structed  at  the  National  Bureau  of  Standards  will  be  described. 
This  was  developed  to  obtain  a  precision  of  about  0.1  per  cent  with 
two  basic  features  in  mind:  (a)  A  way  was  sought  to  collect  the 
fluid  with  a  minimum  disturbance  to  the  steady  state  of  flow 
through  the  meter;  and  ( b )  a  method  was  desired  whereby 
the  mass  of  the  liquid  collected  could  be  measured  under  a 
“static”  condition  of  no  flow  into  the  collection  tank.  In  this 
way  the  problem  of  accurate  measurement  of  mass  and  time  could 
be  reduced  to  a  minimum  as  nearly  all  dynamic  considerations 
were  eliminated.  A  schematic  diagram  of  the  apparatus  is  pre¬ 
sented  in  Fig.  1.  This  particular  system  was  used  for  the 
evaluation  of  flow  rates  in  the  range  5000  to  100,000  lb /hr, 


which  can  be  extended  through  the  techniques  described  herein. 
Essential  components  are  the  flow-rate  supply  and  control,  the 
meter  under  calibration,  a  flow-diverter  valve,  an  electronic 
timer,  and  a  platform  scale  and  tank. 

The  function  of  the  flow-rate  supply-and-control  system  is  to 
deliver  filtered  liquid,  of  known  physical  properties,  at  a  closely 
controlled  temperature  to  the  meter  under  test.  Additional 
functions  are  to  eliminate  surges  and  pulsations  within  the 
fluid  and  to  provide  a  convenient,  sensitive  method  of  control 
whereby  all  desired  flow  rates  may  be  set  and  maintained  to 
within  0.1  per  cent  of  the  desired  value.  Also,  this  system  must 
contain  provisions  to  assure  positive  elimination  of  all  gas  and 
vapor  from  the  liquid  before  entering  the  meter  with  special 
consideration  being  given  to  the  possibility  of  vapor  formation 
during  the  throttling  action  of  the  flow-control  valve. 

Quantities  influencing  the  performance  of  the  meter  under  test 
have  been  discussed  briefly.  Of  these,  the  upstream  flow  dis¬ 
turbances  are  the  most  difficult  to  detect  and  control  when  work¬ 
ing  to  tolerances  of  a  few  tenths  of  one  per  cent.  Such  disturb¬ 
ances  include  flow  distribution,  pulsations,  and  rotational  flow 
which  originate  within  the  pumps  and  fuel-supply  components. 
They  cannot  be  conveniently  eliminated  completely  by  placing 
a  straight  length  of  pipe  upstream  of  the  meter. 

Some  success  has  been  obtained  with  a  flow  straightener  con¬ 
sisting  of  bundles  of  small  tubing  and  screens  placed  within  a 
larger  tube  installed  at  or  near  the  entrance  of  the  meter  under 
test.  This  helps  in  defining  the  calibration  conditions.  Also, 
the  flow  straightener  in  conjunction  with  master  meters  provides 
a  more  stable  secondary  reference  for  evaluating  the  comparative 
accuracy  of  different  calibrators.  As  a  final  remark  on  this 
subject  of  upstream  disturbances,  the  throttling  valve  should 
never  be  installed  at  the  entrance  to  the  meter  as  erratic  dis¬ 
turbances  may  be  introduced  which  will  impair  the  precision  of 
calibration.  Rather,  this  valve  should  be  located  on  the  down¬ 
stream  side  if  possible. 

The  function  of  the  diverter  valve  is  to  direct  the  flow  as 
desired  to  storage  or  to  the  weigh  tank  without  disturbing  the 
rate  of  flow  through  the  meter.  Leak  detectors  should  be  pro¬ 
vided  to  assure  that  none  of  the  metered  flow  can  bypass  the 
weigh  tank  during  the  weigh-time  interval.  Also,  in  the  static 
test  method,  the  diverter  Valve  should  actuate  the  timer  during 
its  traverse  and  divert  the  flow  quickly. 

The  particular  diverter  used  in  our  apparatus  was  made  of 
0.035-in.  cold-rolled  steel  in  the  form  of  an  inverted  V,  each  side 
being  15  in.  long  and  12  in.  wide,  with  an  included  angle  of  30  deg. 
The  center  of  rotation  was  2V2  in.  above  the  base.  Angular 
displacement  was  performed  by  a  pneumatic-piston  device  having 
equal  speeds  in  both  directions  with  pneumatic  cushions  provided 
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at  the  end  of  the  stroke.  Time  of  positioning  of  the  diverter  was 
such  that  about  30  millisecond  were  required  to  cut  through 
the  liquid  stream. 

The  counter-type  timer  should  be  actuated  by  electronic  means, 
and  in  our  apparatus  actuation  was  accomplished  by  the  diverter 
valve  at  the  mid-point  of  its  travel.  This  timer  indicated  in 
units  of  0.001  sec  and  was  calibrated  against  the  standard  ref¬ 
erence  time  signal. 

The  platform  scale  used  in  this  work  was  purchased  on  the 
open  market.  The  scale  is  a  self-contained,  straight-lever  type 
equipped  with  suspension  main  load-bearing  assemblies  and  a 
single  bar  weighbeam  graduated  to  100  lb  in  V2-lb  divisions.  A 
complement  of  counterpoise  weights  provided  a  total  capacity  of 
5000  lb.  Modifications  performed  at  the  National  Bureau  of 
Standards  included  the  installation  of  a  vernier  scale  on  the  main 
sliding  poise  to  give  readings  to  0.05  lb.  Also,  concrete  supports 
were  provided  for  all  main-lever-fulcrum  bearings  and  for  the 
weighbeam  assembly  to  give  a  “built-in”  scale.  Thus  the  pos¬ 
sibility  of  damage  to  which  portable  scales  are  subject  during 
transit  was  eliminated. 

The  balance-ball  elevation  was  adjusted  to  give  a  sensibility 
reciprocal  of  0.1  lb  at  a  load  of  1000  lb.  Sensibility  reciprocal 
is  defined  as  the  amount  of  weight  required  to  shift  the  weigh¬ 
beam  from  an  equilibrium  position  at  the  middle,  to  equilibrium 
at  either  extremity  of  the  trig  loop.  Immediately  prior  to  the 
flowmeter-calibration  work,  a  scale  calibration  was  made  using 
50-lb  test  weights  known  to  be  accurate  within  Class  C  main¬ 
tenance  tolerances  of  ±40  grains.  Both  ascending  and  de¬ 
scending  loads  were  used  in  the  range  of  loads  to  be  encountered 
and  no  hysteresis  was  observed.  Considering  the  sensitivity, 
precision  of  calibration,  and  constancy  of  the  scale  as  determined 
by  the  tests,  it  was  practicable  to  determine  minimum  net  weights 
of  400  lb  to  an  absolute  accuracy  of  better  than  0.05  per  cent. 

The  weigh  tank  had  a  capacity  of  64  cu  ft.  No  connection  of 
any  kind  was  attached  to  the  tank  when  weigh  determinations 
were  being  made,  and  the  tank  was  emptied  by  inserting  the 
inlet  hose  of  a  transfer  pump.  However,  a  drain  valve  would  be 
adequate  if  the  tank  has  sufficient  elevation  with  reference  to  the 
liquid  reservoir.  In  installations  requiring  permanent,  flexible 
tank  connections,  tests  must  be  conducted  to  assure  that  these 
are  not  interfering  with  the  proper  operation  of  the  scale. 

Calibration  of  a  meter  at  a  selected  rate  of  flow  was  performed 
by  first  determining  the  tare  weight  while  the  diverter  valve 
directed  the  flow  to  “return  to  storage.”  The  diverter  was  then 
operated  to  direct  the  liquid  into  the  weigh  tank  and  this  opera¬ 
tion  automatically  started  the  timer.  After  collection  of  an 
appropriate  amount  of  liquid,  the  diverter  was  repositioned  to 
return  to  storage,  automatically  stopping  the  timer.  The  gross 
weight  was  then  measured  and  the  net  determined  for  the  indi¬ 
cated  time  interval.  It  should  be  noted  that  weight  determi¬ 
nations  were  not  made  while  liquid  was  entering  the  scale  tank. 
Weights  determined  by  this  method  require  a  correction  for  air 
buoyancy  (1)  magnitude  0.1  to  0.2  per  cent,  to  obtain  the  true 
weight. 

Another  important  consideration  in  precise  calibration  tech¬ 
niques  is  the  piping  between  the  meter  and  the  weigh  system. 
This  must  be  such  as  to  assure  that  all  of  the  flow  and  only  that 
flow  indicated  by  the  meter  is  collected  in  the  weigh  tank  during 
the  calibration  run.  Aside  from  the  obvious  requirement  of  no 
leakage  or  bypass  from  these  connections,  complete  elimination 
of  gas  and  vapor  must  be  assured  so  gas  compression  or  expansion 
cannot  occur.  Always  remember,  one  of  the  greatest  sources  of 
measurement  inaccuracy  is  improper  gas  elimination.  Thus  the 
meter-discharge  lines  should  be  as  short  and  small  as  possible 
with  vents  provided  at  high  points  for  gas  elimination.  As  a 
general  rule,  the  volume  of  the  discharge  piping  should  not  exceed 


5  or  at  most  10  per  cent  of  the  flow  collected  during  a  calibration 
run. 

Discharge  connections  of  small  volume  also  reduce  the  effects 
of  thermal  expansion  and  contraction  of  the  liquid  if  an  apprecia¬ 
ble  change  in  temperature  is  encountered  during  a  run.  For 
instance,  the  coefficient  of  cubical  expansion  of  petroleum 
products  is  about  0.06  per  cent  per  deg  F,  and  10  deg  F  change  in 
temperature  during  the  test  could  introduce  an  error  of  0.06 
per  cent  if  the  volume  of  piping  is  only  10  per  cent  of  the  volume 
of  fluid  collected. 

Volatility  of  the  liquid  is  an  important  consideration  because 
of  loss  by  evaporation.  Our  weigh  tanks  and  diverter  valves 
were  provided  with  covers  to  reduce  loss  of  vapor  and  the  test 
liquid  was  a  naphtha  having  a  Reid  vapor  pressure  of  less  than 
0.1  psi.  No  measurable  evaporation  loss  was  detected.  How¬ 
ever,  for  high  vapor-pressure  liquids,  such  as  gasoline,  considera¬ 
ble  refinement  to  the  techniques  described  herein  is  required  to 
eliminate  both  loss  by  evaporation  and  vapor  formation  in  the 
meter-discharge  lines.  The  ideal  solution  appears  to  be  a 
pressurized  weigh  system,  but  this  will  introduce  many  additional 
complications. 

Examples  of  Dynamic  Weighing  Calibrators 

The  static  weighing  method  of  flowmeter  calibration  is  time- 
consuming  and  thus  not  well  suited  for  those  applications  in 
which  convenience  of  operation  is  important.  Thus  dynamic 
weighing  is  utilized  frequently.  This  determines  the  time  in¬ 
terval  required  to  collect  a  preselected  weight  of  liquid,  the 
weighing  being  performed  while  the  liquid  is  entering  the  scale 
tank  or  other  weight-determining  collector.  Although  experi¬ 
ence  has  demonstrated  that  the  accuracy  of  dynamic  calibrators 
can  be  just  as  good  as  the  static  method  described,  additional 
dynamic  factors  must  be  considered. 

Three  different  dynamic  calibrators  will  be  considered  briefly. 
Method  1,  shown  schematically  in  Fig.  2,  utilizes  a  free-swing¬ 
ing  lever  scale.  With  this  arrangement,  the  weight  of  the  fuel 
in  the  tank  increases  until  it  overcomes  the  resistance  of  the 
counterpoise  weights  on  the  end  of  the  weighbeam  which  then 
rises  and  actuates  the  timer.  At  this  time  an  additional  weight 
is  added  to  the-  pan  depressing  the  weighbeam.  When  it  rises 
again  the  timer  is  stopped.  This  procedure  requires  acceleration 
of  the  scale  just  prior  to  both  the  start  and  stop  actuation  of  the 
timer. 

Three  important  dynamic  phenomena  take  place  during  this 
weigh  cycle.  They  are:  The  change  in  the  impact  force  of  the 
falling  liquid  between  the  initial  and  final  weigh  points;  the 
collection  of  an  extra  amount  of  fluid  from  the  falling  column  by 
the  rising  level  in  the  tank ;  and  the  change  in  inertia  of  the  scale 
and  weigh  tank  with  the  resultant  change  in  time  required  to 
accelerate  the  weighbeam  past  the  timer  trip  point. 


STOP 


Fig.  2  Dynamic  weighing  calibrator  1 
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It  can  be  demonstrated  that  the  decrease  in  impact  force  is 
essentially  equal  and  opposite  to  the  additional  weight  collected 
from  the  falling  column.  Thus  even  though  each  of  these  may 
be  appreciable,  they  cancel  each  other.  The  effect  of  change  in 
inertia  between  the  initial  and  final  weigh  points  can  become  ap¬ 
preciable  and  should  be  considered  whenever  the  weight  of  liquid 
collected  contributes  significantly  to  the  inertia  of  a  scale  system 
requiring  a  relatively  large  travel  of  its  weighbeam  to  the  point 
of  timer  actuation.  This  method  of  weighing  is  used  frequently 
in  other  situations,  and  an  explanation  of  the  inertia  errors  in¬ 
volved  may  be  of  interest. 

Consider  a  scale  consisting  of  a  single,  massless  lever,  as  illus¬ 
trated  in  Fig.  2,  having  arms  of  length  l  and  L.  When  fluid  is 
added  to  a  tank  at  a  mass  rate  k,  the  collected  weight  IF  even¬ 
tually  will  balance  the  counterpoise  weights  w.  A  further  col¬ 
lection  of  liquid  will  then  deflect  the  lever  past  the  point  of  timer 
actuation  as  a  result  of  the  unbalance  kt  and  its  corresponding 
torque  ktgl,  where  t  is  time  measured  from  the  instant  of  balance 
and  g  is  the  acceleration  of  gravity. 

As  a  first  approximation,  this  torque  is  equal  to  the  product  of 
the  moment  of  inertia  of  the  fluid  and  counterpoise  weight  and  the 
angular  acceleration  d20/df2.  If  the  scale  ratio  L/l  is  large,  the 
moment  of  inertia  is  essentially  that  of  the  counterpoise  weights, 
and  the  equation  of  motion  of  the  scale  may  be  written 


ktgl  ~  wL 2 . . .• . [  1  ] 

y  dt2 

which  reduces  to 

d20 

ktg  ~  WL  — — . [2] 

y  dt 2 


as  w  is  approximately  equal  to  Wl/L. 

Integrating  twice,  using  constants  of  integration  equal  to 
zero,  and  rearranging,  gives  the  time  required  for  deflection 
through  an  angular  displacement  6 
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Thus  for  a  constant  deflection  and  flow  rate,  the  time  re¬ 
quired  for  deflection  should  be  approximately  proportional  to 
IF1/3.  This  was  tested  on  one  dynamic  weighing  calibrator  having 
a  scale  ratio  of  50:1  and  constant  values  of  8  =  0.007  radian  and 
k  =  6.4  lb  per  sec.  The  results,  plotted  in  Fig.  3,  give  a  least- 
squares  curve  of 

t  =  0.03  111'013 . [4] 

This  value  of  0.43  for  the  exponent  of  W  is  in  reasonable  agree¬ 
ment  with  the  derived  value  of  1  /3  considering  the  precision  of 
the  experimental  work  and  the  approximations  used  in  deriving 
Equation  [3], 


Fig.  3  Scale  deflection  time 


The  error  of  interest  in  dynamic  weighing  is  the  difference 
A t  between  the  time  required  for  the  deflection  of  the  weighbeam 
at  the  final  weight  W2  and  at  the  tare  weight  IF i.  Referring  to 
Equation  [3]  this  is  derived  as 


A  t  =  h  —  h  ~ 


6 L$\  1/3  (IF21/3  -  W 11/3) 

.  g  )  A- 1/3 


[5] 


which  is  the  inertia  error  in  the  measured  time  interval  T  = 
(IF2  —  Wi)/k  re  juired  to  collect  the  net  weight  of  liquid.  Divid¬ 
ing  by  2’  the  percentage  error  is 


Per  cent  error 


100  ~  100 
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IF,1/3  -  fF,1/3\ 
W2  -  IF,  / 


[6] 


The  relation  expressed  in  Equation  [6]  was  checked  by  com¬ 
paring  dynamic  calibrator  1  with  the  NBS  static  calibrator  using 
a  method  to  be  described  later.  The  results  are  plotted  in 
Fig.  4,  in  which  different  symbols  are  used  to  designate  the  various 
flow  rates.  Values  obtained  from  Equation  [6],  with  L  =  2.2  ft 
and  d  =  0.007  radian,  are  shown  by  the  solid  line.  Equation 
[4],  transposed  to  the  co-ordinates  of  the  figure,  is  shown  as  a 
dashed  line. 

The  data  of  Fig.  4  are  in  reasonable  agreement  with  Equations 
[6]  and  [4],  Thus  it  is  believed  that  these  are  a  measure  of  the 
inertia  errors  involved  in  this  form  of  dynamic  weighing.  When 
the  deflection  of  the  weighbeam  was  reduced  from  0.007  to  about 
0.0004  radian,  the  inertia  effects  became  indistinguishable  from 
the  other  small  errors  of  the  system. 

At  the  time  the  tests  were  conducted  to  obtain  the  data  of 
Figs.  3  and  4,  we  were  not  attempting  an  evaluation  of  the 
inertia  error,  but  only  demonstrating  its  presence.  IF,  was  not 
determined  and  it  was  necessary  to  estimate  its  value  in  these 
analyses.  Thus  the  data  should  not  be  considered  precise. 
However,  it  is  believed  these  data  are  sufficient  for  the  purpose 
of  demonstrating  that  significant  inertia  errors  may  result  from 
this  method  of  dynamic  weighing. 

Dynamic  calibration  method  2,  shown  in  Fig.  5,  collects  the 
liquid  in  a  tube  or  cylinder  of  known  cross-sectional  area  and 
uses  the  pressure  existing  at  the  bottom  as  a  measure  of  the 
weight  of  liquid  collected.  The  vertical  rise  in  liquid  between 
the  initial  or  tare  and  the  final  weigh  positions  is  usually  in  the 
range  2  to  20  ft.  Thus  it  is  necessary  to  measure  and/or  indi- 


0  0.01  0.02  0,03  0.04  OJ35 


sec  2/5 

V  w2-  w,  / 

Fig.  4  Inertia  error  of  dynamic  method  1  for  {LB)'/ '  =  0.249 
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cate  this  pressure  difference  of  1.5  to  15  in.  of  mercury  to  a  pre¬ 
cision  better  than  0.1  per  cent.  The  majority  of  installations 
use  mercury  manometers  as  the  pressure-measuring  device  with 
electrodes,  corresponding  to  different  collected  weights,  spaced  at 
accurately  determined  intervals.  Contact  between  these  and  the 
mercury,  in  conjunction  with  electronic  circuitry,  provides  the 
impulse  for  actuation  of  the  timer.  The  contact  spacing  in  these 
manometers  must  remain  constant  and  any  dirt  or  oil  film  which 
may  effect  the  contact  closure  must  be  eliminated. 

Important  considerations  for  method  2  are:  Effects  of  thermal 
expansion  on  the  standpipe  cross-sectional  area  and  on  the  density 
of  the  manometer  fluid;  incomplete  drainage  of  the  cylinder 
walls  before  commencing  the  weigh-time  determination,  a  sig¬ 
nificant  factor  in  working  with  high-viscosity  liquids;  and  changes 
in  air  pressure  within  either  the  cylinder  or  manometer  column 
during  the  timing  interval.  The  line  between  the  cylinder  and 
manometer  well  must  never  contain  air  or  vapor.  Also,  the 
difference  in  elevation  between  its  connections  to  the  cylinder  and 
manometer  should  be  small  so  changes  in  the  density  of  liquid 
within  this  line  will  have  no  influence  on  the  height  of  the  mercury. 
This  is  especially  important  when  test-liquid  temperatures  differ 
from  either  that  of  the  room  or  the  mercury. 


Dynamic  considerations  applicable  to  method  2  are  first  to 
ascertain  that  the  pressure-measuring  device  has  completed  its 
acceleration  and  attained  a  constant  velocity  before  the  weigh- 
time  interval  is  commenced.  Also,  oscillations  resulting  from  the 
natural  frequency  of  the  pressure  indicator  must  not  exist.  The 
other  dynamic  consideration  is  that  of  air  compression  in  the 
collection  vessel,  especially  at  higher  flow  rates,  resulting  from 
restrictions  such  as  flame  arresters  placed  in  the  vent.  It  is 
readily  seen  that  appreciable  errors  indicating  higher  than  actual 
flows  can  result  when  such  restrictions  exist. 

Dynamic  calibration  method  3,  Fig.  6,  employs  bench  dial 
scales  for  the  measurement  and  indication  of  the  weight  of  liquid. 
Nine  light-beam  intercepting  paddles  were  added  to  the  indi¬ 
cating  dial,  each  corresponding  to  a  predetermined  weight.  In 
operation,  when  sufficient  liquid  has  entered  the  weigh  tank  to 
overcome  the  selected  tare,  the  indicating  mechanism  of  the 
scale  commences  to  move  around  the  dial.  The  first  interrup¬ 
tion  of  the  light  beam,  occurring  when  the  tare  weight  is  balanced, 
starts  the  timer.  An  adjustable  time-delay  relay  is  provided 
whereby  the  phototrip  circuit  will  not  stop  the  weigh  cycle  until 
a  selected  time  interval  has  been  exceeded.  Thereafter,  when  the 
next  paddle  intercepts  the  light  beam  the  timer  is  stopped,  the 


Fig.  6  Dynamic  weighing  calibrator  3 

weight  corresponding  to  that  paddle  is  recorded,  and  the  time 
is  observed  and  recorded. 

Dynamic  considerations  of  method  3  are  impact  force  and 
decrease  in  height  of  the  falling  liquid  column  as  explained  for 
method  1.  Another  consideration  is  the  acceleration  of  the  scale 
and  its  indicating  mechanism  to  a  constant  velocity  prior  to  the 
starting  of  the  timer  and  maintenance  of  this  velocity  until  the 
end  of  the  weigh-time  interval.  Also,  bench  dial  scales  usually 
have  constant  sensitivity  which,  even  when  adequate  at  full 
scale,  leads  to  larger  percentage  errors  at  the  smaller  weights. 
Thus  good  precision  cannot  be  expected  when  the  lower  portion 
of  the  dial  or  range  of  the  scale  is  used. 

No  attempt  has  been  made  to  reveal  all  possible  sources  of 
dynamic  errors  in  this  discussion.  These,  of  course,  vary  con¬ 
siderably  with  the  different  methods  utilized.  However,  an 
attempt  has  been  made  to  demonstrate  that  a  static  check  and 
calibration  of  the  instrumentation  are  not  sufficient  to  prove  the 
absolute  accuracy  of  a  dynamic-weighing  method  of  calibration, 
as  the  response  of  the  instrumentation  used  under  transient 
conditions  is  a  very  important  consideration. 

Evaluation  of  Calibration  Procedure  and  Equipment 

The'  evaluation  of  calibration  procedures  and  equipment  in¬ 
cludes  a  consideration  of  the  ease  and  convenience  of  operation. 
Features  which  may  be  considered  here  are:  The  sensitivity  and 
stability  of  the  flow  control;  the  temperature  control;  the  time 
required  to  perform  a  weigh-time  determination;  and  the  time 
interval  required  to  empty  the  weigh  system  between  successive 
runs.  All  of  these  are  of  interest  to  the  engineer  in  deciding 
whether  a  particular  unit  meets  the  genera}  requirements  of  its 
intended  purpose.  These  are  not  always  the  same  for  different 
applications,  as  more  emphasis  upon  calibration  time  is  necessary 
in  a  stand  designed  for  production  tests  as  compared  to  one  used 
occasionally  for  high-accuracy  tests  of  reference  meters. 

However,  after  these  general  performance  characteristics  are 
deemed  satisfactory  for  the  intended  application,  there  still 
remains  the  all-important  questions  as  to  the  precision  of  the 
measurement  procedure  and  the  absolute  accuracy.  The  term 
precision  as  used  in  this  paper  refers  to  the  variations  or  dif¬ 
ferences  between  repeat  measurements.  In  the  construction  and 
operation  of  any  calibrating  unit,  considerable  attention  will  be 
directed  towards  refining  the  measurement  procedure  to  reduce 
the  variation  so  that  it  becomes  insignificant.  Unfortunately, 
this  state  is  not  always  achieved  and  it  may  be  necessary  to 
evaluate  the  magnitude  of  the  variations  obtained. 

The  methods  of  statistics  (14)  define  many  units  of  variation 
by  which  the  precision  of  a  measurement  procedure  may  be 
expressed.  Among  these  are  the  “standard  deviation,”  the 
“standard  deviation  of  the  average,”  the  “confidence  interval,” 
and  the  “difference  between  duplicates.”  These  are  extremely 
useful  to  the  engineer  concerned  with  measurements  and  should 
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he  used  more  extensively  in  flowmeter-calibration  work.  The 
ISO/TC-30  Committee  of  Fluid  Measurements  has  recommended 
the  use  of  twice  the  standard  deviation  as  the  tolerance  limit  in 
fluid-metering.  An  application  of  this  tolerance  is  discussed  by 
Jorissen  (15). 

It  is  beyond  the  scope  of  this  paper  to  explain  and  demonstrate 
the  application  of  statistics  to  precision  of  flow  measured.  How¬ 
ever,  the  precision  of  the  calibration  procedure  must  be  evaluated 
and  the  standard  deviation  provides  a  useful  comparative  unit 
for  this  purpose.  A  few  representative  statistical  values  will  be 
presented  to  demonstrate  the  precision  of  flowmeter-calibration 
procedures  attained  in  our  laboratory.  When  data  for  ten 
successive  runs  are  compared,  using  nominal  timing  intervals  of 
60  sec,  the  following  representative  values  of  precision  result: 

Standard  deviation  =  0.08  per  cent 

Standard  deviation  of  the  average  =  0.03  per  cent 

Ninety-five  per  cent  confidence  interval  =  0.06  per  cent 

Difference  between  duplicates  does  not  exceed  0.12  per  cent 
80  per  cent  of  the  time 

These  data  were  obtained  during  calibration  of  sensitive  float- 
type  flowmeters.  Naturally,  they  are  dependent  upon  the  sen¬ 
sitivity  of  the  meter  under  calibration  and  meters  with  low-scale 
sensitivity  will  reduce  this  precision  considerably. 

Large  differences  between  duplicate  runs  will  be  encountered 
occasionally.  These  are  caused  by  insufficient  time  in  bringing 
the  meter  and  the  liquid  to  operating  temperature  and  incomplete 
purging  of  the  system  of  gases.  This  happens  frequently  when 
small  meters  are  calibrated  on  large-capacity  stands.  Other 
causes  of  large  differences  are  insufficient  tare  time,  with  dynamic 
calibrators,  and  continuous  readjustment  of  flow  when  such  is 
necessary  to  provide  a  steady  flow  indication.  In  fact,  expe¬ 
rience  generally  demonstrates  that  minimum  variability  results 
when  the  flow-control  valve  can  be  left  at  a  constant  setting  dur¬ 
ing  the  calibration  time-interval. 

After  the  calibration  procedure  and  equipment  have  been 
adjusted  to  give  satisfactory  precision  of  measurement,  a  check 
of  the  absolute  accuracy  is  desirable  to  detect  the  presence  of 
constant  errors.  The  best  method  for  such  a  check  is  to  use  two 
or  more  different  experimental  procedures  to  measure  the  same 
quantity.  Errors  are  then  noted  when  averages  disagree  by  an 
amount  larger  than  is  to  be  expected  from  the  precision  of  the  1 
measurements.  Perhaps  our  experience  will  be  of  help  to  others 
concerned  with  this  problem. 

In  1954  the  National  Bureau  of  Standards  was  requested  to 
evaluate  three  dynamic  weighing  calibrators,  one  each  of  the 
designs  of  Figs.  2,  5,  and  6,  to  determine  whether  their  absolute 
accuracies  were  within  the  tolerance  of  ±0.25  per  cent.  Two  of 
these  stands,  A  and  B,  were  in  our  laboratory.  It  was  decided 
that  the  best  method  of  detecting  constant  errors  in  these  would 
be  through  the  use  of  a  different  experimental  procedure  to 
measure  the  same  flow  rate.  A  static  weighing  stand,  NBS, 
similar  to  that  of  Fig.  1,  was  constructed  for  this  purpose.  The 
third  calibrator,  C,  is  installed  at  another  facility  and  some  other 
technique  was  required  as  moving  the  NBS  stand  was  not  con¬ 
venient.  Thus  it  was  decided  to  use  direct-reading  flowmeters  as 
secondary  references. 

The  following  procedure  was  used  for  the  determination  of  the 
accuracy  of  calibrators  A  and  B  at  our  laboratory.  The  cali¬ 
brating  stand  under  evaluation  provided  storage  of  liquid,  pumps, 
filter,  and  flow  and  temperature  control.  In  operation,  the  un¬ 
known  flow  rate  was  maintained  constant  as  indicated  by  a  sensi¬ 
tive  float- type  flowmeter  operating  at  a  constant  temperature 
with  a  liquid  of  constant  physical  properties.  This  constant 
flow  rate  was  evaluated  alternately  by  the  calibration  stand  under 
test  and  by  the  NBS  static  weighing  method,  the  flow  being 


Fig.  7  Comparative  accuracy-evaluation  procedure 


directed  as  desired  by  “on-off”  valves  placed  downstream  from 
the  meter  as  shown  in  Fig.  7.  The  averages  of  four  or  five  flow 
determinations  made  by  each  apparatus  were  then  compared  to 
obtain  the  difference  between  the  calibrator  under  test  and  the 
NBS  apparatus  for  the  particular  flow  rate.  This  method  has 
two  important  advantages:  (a)  The  same  quantity  was  being 
measured  by  two  different  procedures;  and  (6)  upstream  con¬ 
nections  to  the  meter  and  downstream  connections  for  a  reasona¬ 
ble  distance  are  never  disturbed  in  directing  the  flow  as  desired 
to  one  of  the  two  calibrating  methods.  Thus  the  conditions  of 
calibration  at  the  meter  are  identical. 

For  the  evaluation  of  calibrator  C,  two  secondary  reference 
meters  were  selected.  The  first,  range  7000  to  27,000  lb  per  hr,  is 
of  the  float-type  design  having  a  logarithmic  taper,  a  constant 
scale  sensitivity  of  about  4  mm  per  per  cent  of  indicated  flow, 
and  a  stainless-steel  float.  All  liquid  passes  through  the  metering 
tube.  The  larger  meter  is  an  experimental  prototype  design, 
range  35,000  to  100,000  lb  per  hr,  and  consists  of  the  foregoing 
meter  in  parallel  with  a  fixed  orifice.  As  will  be  demonstrated 
later,  this  was  not  suitable  as  a  secondary  reference  and  a  third 
meter  was  used.  The  third  meter  has  a  range  30,000  to  100,000 
lb  per  hr,  is  a  float-type  having  a  500-mm  scale,  and  all. of  the 
flow  passes  through  the  glass  metering  tube.  This  served  as  an 
adequate  secondary  reference  in  the  determination  of  the  accuracy 
of  calibrator  C  with  a  single  exception. 

Prior  to  the  initial  calibration  of  the  three  reference  meters, 
the  inlet  and  outlet  connections  were  standardized.  This  in¬ 
cluded  a  2-in.  orifice  upstream  discharging  into  about  6  ft  of 
4-in.  tubing  connected  to  the  meter  inlet.  The  orifice  was  used 
in  an  attempt  to  obtain  identical  entrance  flow  conditions  on  the 
different  calibrators.  The  meters  were  calibrated  first  at  a  few 
selected  test  points  with  the  NBS  apparatus  and  were  then  taken 
to  calibrator  C  where  the  tests  were  repeated  again  by  the  same 
operator.  Test  fluids  having  a  Reid  vapor  pressure  of  0.1  psi 
and  a  kinematic  viscosity  of  1.10  centistokes  were  used  at  each 
location.  Corrections  were  computed  and  applied  for  the  differ¬ 
ent  specific  gravities  of  0.783  and  0.779. 

The  final  results  of  the  tests  are  given  in  Fig.  8  which  shows 
the  per  cent  deviation  of  the  individual  calibrators  from  the 
average  results  for  all  four.  Different  symbols  are  used  to  de¬ 
signate  the  calibrators  and  each  plotted  point  is  the  average  of 
four  to  six  separate  determinations  of  rates  of  flow.  Since  some 
of  these  data  may  be  considered  proprietary  information,  we  are 
not  attempting  to  present  the  specific  performance  of  any  par¬ 
ticular  method  other  than  the  NBS  static  weighing  apparatus 
represented  by  the  open  circles.  Rather,  the  primary  purpose 
is  to  show  the  extent  of  agreement  obtained  between  four  differ¬ 
ent  methods  of  determination  of  flow  rate.  Where  two  identical 
symbols  are  plotted  for  the  same  flow  rate,  they  represent  the 
use  of  two  different  weights  with  corresponding  timing  intervals 
of  about  30  and  60  sec.  The  average  from  which  the  deviations 
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were  computed  was  obtained  from  the  data  within  the  ±0.15  per 
cent  band  with  each  calibrator  assigned  an  equal  weight. 

As  can  be  seen,  the  great  majority  of  points  are  within  ±0.15 
per  cent  and  the  exceptions  will  now  be  discussed.  Three  devia¬ 
tions  of  about  1  per  cent  were  obtained  in  the  range  40,000  to 
70,000  lb  per  hr  with  calibrator  C.  It  must  be  understood  that 
these  are  not  an  indication  of  the  accuracy  of  this  calibrator. 
Rather,  they  have  been  included  to  demonstrate  difficulties  en¬ 
countered  with  the  secondary  reference  meter  of  the  orifice-by¬ 
pass  type.  These  deviations  represent  a  change  in  the  per¬ 
formance  of  this  meter  as  a  result  of  different  upstream  flow  dis¬ 
turbances  between  the  two  calibrators,  NBS  and  C.  It  has  been 
concluded  that  a  significant  swirl  or  rotational  flow  difference 
existed  between  the  two  stands  which  was  sufficient  to  affect  the 
performance  of  the  orifice-bypass  meter  by  about  1  per  cent. 
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Fig.  8  Comparison  of  four  calibrators 


Still  referring  to  Fig.  8,  good  results  were  obtained  on  cali¬ 
brator  C  in  the  range  50,000  to  100,000  lb  per  hr  with  the  third 
reference  meter.  A  low  reading  of  —0.35  per  cent  was  obtained 
at  40,000  lb  per  hr,  the  lowest  float  position  where  sensitivity  of 
this  meter  to  upstream  disturbances  is  a  maximum.  Thus  it  is 
demonstrated  that  two  different  calibrators  can  both  be  accurate 
and  yet  give  different  calibration  results  because  of  the  influence 
of  different  upstream  flow  disturbances  on  the  meter  under  test. 

The  other  three  low  points  of  Fig.  8  were  obtained  using  small 
test  weights  on  a  weighing  mechanism  of  insufficient  sensitivity. 
It  is  also  possible  that  some  unevaluated  dynamic  effects  were 
present  here. 

Excluding  the  extreme  points  of  Fig.  8,  the  resulting  agreement 
between  the  four  different  methods  of  flow-rate  determination 
may  be  considered  quite  good  as  it  is  within  ±0.15  per  cent. 
The  program  also  enabled  the  detection  of  inertia  errors  of  about 
0.5  per  cent  and  influences  of  disturbances  upstream  from  the 
meter  of  about  1.0  per  cent  in  one  case  and  0.4  per  cent  in  an¬ 
other.  Thus,  through  the  procedures  described  herein,  it  has 
been  possible  to  detect  and  correct  errors  in  calibration  equip¬ 
ment  and  procedures  having  magnitudes  of  less  than  1  per  cent. 

Conclusions 

Precise  calibration  of  flow-rate  meters  requires  a  knowledge  and 
control  of  each  parameter  which  may  influence  the  performance 
of  the  meter  under  test.  Among  these  are  the  physical  proper¬ 
ties  and  temperature  of  the  test  liquid,  at  times  the  absolute 
pressure  level,  and  the  influence  of  upstream  flow  disturbances. 
The  latter  is  perhaps  the  most  difficult  to  specify  and  control 
when  working  to  accuracies  better  than  1  per  cent  and  is  one  of 
the  primary  reasons  for  apparent  discrepancies  in  results  between 
different  calibrators. 


Extreme  accuracy  is  now  possible  and  certified  standards  are 
available  for  the  measurement  of  mass,  time,  temperature,  and 
density  which  a  calibrator  is  required  to  control  or  indicate. 
However,  in  designing  a  specific  calibrator,  an  intelligent  selec¬ 
tion  of  the  instrumentation  for  range  and  sensitivity  is  necessary 
if  adequate  precision  and  accuracy  are  to  result.  Also,  provi¬ 
sions  must  be  included  to  insure  that  all  of  the  liquid  and  only 
that  liquid  which  passes  through  the  meter  will  be  collected  in 
the  calibrator. 

Examples  of  both  static  and  dynamic  weighing  calibrators  have 
been  presented.  For  the  particular  calibrators  and  flow  ranges 
investigated,  there  is  not  a  significant  difference  in  the  absolute 
accuracies.  However,  dynamic  weighing  methods  are  subject  to 
errors  which  are  not  exposed  by  a  static  calibration  of  the  instru¬ 
mentation.  Thus  it  seems  desirable  that  dynamic  weighing 
calibrators  of  new  designs  should  be  evaluated  Tor  accuracy  by 
comparisons  with  other  calibration  methods. 
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Discussion 

R.  L.  Galley.4  A  most  interesting  and  thorough  exposition  of 
the  pitfalls  awaiting  the  novice  in  calibrating  flowrate-measuring 
devices,  this  paper  is  one  of  the  most  practical  treatments  of  a 
long-neglected  subject  that  has  come  to  the  writer’s  attention. 
The  authors  are  to  be  commended  on  their  work  and  on  this 
paper.  It  deserves  wide  circulation. 

As  one  engineer  who  has  devoted  over  a  quarter  of  a  century  to 
the  measurement  of  flow,  the  writer  has  seen  the  pitiful  results  of 
many  amateur  calibrators  who  did  not  know  of  all  the  precautions 
that  should  be  observed,  as  the  authors  point  out.  The  following 
comments  are  offered: 

1  One  assumes  that  the  work  deals  only  with  volumetric  and 
not  with  the  so-called  “mass”  or  gravimetric  flowmeters.  Of 
course,  the  same  techniques  would  apply  with  either. 

2  The  problem  of  vapor  pressure  in  testing  hydrocarbon  fuels 
is  well  explained,  but  the  user  is  well  advised  that  in  calibrating 
certain  turbine-type  flow  sensors  in  the  same  fuels,  even  a  satis¬ 
factory  line  pressure  does  not  always  preclude  the  possibility  of 
local  cavitation  in  the  region  of  the  turbine  blades.  This  can 
throw  results  way  off,  and  one  would  never  suspect  the  reason  by 
the  vapor-pressure  criterion  alone. 

3  The  authors  do  not  mention  Reynolds  numbers,  and  the 
reader  is  left  to  assume  that  flow  conditions  at  the  test  meter  are 
sufficiently  turbulent. 

4  Gravity  flow  through  the  test  rig  is  much  safer  than  pumped 
flow,  as  this  provides  a  better  test  condition. 

S.  R.  Grotta.6  A  flow-correlation  program  similar  to  that  de¬ 
scribed  in  the  paper  was  carried  out  by  the  writer’s  company.  A 
different  approach  was  made,  however,  in  the  type  of  meter  used 
as  a  reference. 

It  was  felt  that  a  reference  meter  should  feature  portability  and 
ease  of  installation.  Since  the  turbine  meter  fills  this  requirement 

4  Consulting  Engineer,  Flowmeter  Specialist,  Woodland  Hills, 
Calif. 

6  Experimental  Engineer,  Pratt  &  Whitney  Aircraft,  East  Hartford, 
Conn. 


in  the  higher  flow  ranges  (above  250  lb  per  hr)  better  than  the 
variable-orifice  meter,  an  investigation  was  conducted  to  evaluate 
its  suitability  for  this  application.  The  program  involved  tests 
of  flowmeter  repeatability  under  various  conditions  which 
probably  would  affect  all  types  of  volumetric  flowmeters. 

Most  of  the  tests  were  conducted  with  matched  pairs  (same 
make  and  size)  of  turbine  meters  installed  in  a  recirculating  flow 
system.  The  output  signal  of  each  flowmeter  was  fed  into  a 
separate  electronic  pulse  counter.  Since  the  output  pulse  is  a 
measure  of  volumetric  flow,  permitting  the  counter  to  totalize 
these  pulses  for  a  sufficient  period  of  time  a  direct  indication  of 
the  total  volume  of  fluid  passed  through  the  meter  was  produced. 
When  the  two  turbine  meters  were  placed  in  series  and  the  count¬ 
ing  sequence  started  and  stopped  simultaneously,  the  total  counts 
from  the  two  were  nearly  equal,  with  a  slight  difference  being  due 
to  manufacturing  tolerances.  The  ratio  of  the  total  counts  (meter 
A  divided  by  meter  B)  was  found  to  remain  constant  over  a  wide 
range  of  flow.  The  standard  deviation  for  15  observations  was 
0.02  per  cent.  The  maximum  deviation  from  the  mean  was  0.03 
per  cent.  By  interchanging  the  meter  positions  in  the  pipeline 
and  repeating  tests  we  found  that  the  effect  of  the  initial  plumbing 
configuration  was  less  than  0.05  per  cent. 

The  effect  of  flow-system-plumbing  configuration  on  meter 
performance  was  investigated  using  this  test  procedure.  Valves 
and  elbows  were  placed  in  the  pipe  at  the  locations  shown  in 
Fig.  9.  An  elbow  immediately  upstream  of  a  1-in.  meter  pro¬ 
duced  an  error  as  great  as  0.9  per  cent.  The  addition  of  a  straight 
pipe  6  diameters  in  length  ahead  of  the  meter  reduced  this 
error  to  less  than  0.2  per  cent.  The  different  makes  of  turbine 
meters  tested  were  all  affected  by  the  flow  pattern  set  up  by  the 
elbow.  The  degree  of  effect,  however,  varied  from  make  to  make. 

After  the  selection  of  turbine  meters  suitable  for  reference  use 
was  made,  a  correlation  program  was  carried  on  between  the  NBS 
calibrator  and  the  Pratt  &  Whitney  flow-calibrating  standpipes. 
These  standpipes,  as  company  standards,  are  used  to  perform 
several  hundred  calibrations  per  year.  Fig.  10  shows  a  portion  of 
the  correlation  data.  These  data  are  plotted  as  pulses  per  gallon 
versus  frequency  (cps) .  As  can  be  seen,  the  results  of  the  correla¬ 
tion  were  very  encouraging.  A  distinct  advantage  of  the  turbine 
flowmeter  for  correlation  studies  is  that  the  accuracy  of  the  data 
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beam.  Neglecting  tare  weight,  and  noting  that  W/k  is  the  dura¬ 
tion  of  the  run  T,  and  denoting  per  cent  error  by  e,  Equation  [6  ] 
becomes 


NOMINAL  FREQUENCY  -  CPS 

Fig.  10  National  Bureau  of  Standards  flowmeter  correlation  with 
Pratt  &  Whitney  Aircraft 


is  not  affected  by  small  flowrate  variations  during  the  run.  The 
flowrate  is,  in  effect,  averaged  by  the  totalizing  counter  and 
timer  the  same  as  it  is  averaged  by  the  weigh  tank  or  standpipe 
used  for  calibration. 

Turbine  meters  are  not  immune  to  all  problems,  however. 
Great  care  must  be  taken  to  keep  the  turbine  rotor  free  of  lint  or 
other  foreign  material  and  protected  from  being  nicked  or 
scratched  by  hard  objects.  The  observations  made  by  the 
authors,  emphasizing  the  importance  of  specific  gravity  and  tem¬ 
perature  measurements  for  the  float-type  meters,  are  even  more 
important  for  turbine-meter  applications.  We  also  have  found, 
as  has  been  stated  with  regard  to  float-type  meters,  that  air  or 
vapor  in  the  system  causes  serious  error.  Cavitation  at  the 
turbine-meter  outlet  also  has  been  a  source  of  trouble.  This 
difficulty  was  eliminated  by  the  application  of  back  pressure. 

It  is  apparent  that  many  pitfalls  have  to  be  avoided  both  in 
calibrating  turbine  flowmeters  and  employing  them  for  correla¬ 
tion  studies.  We  feel  that  a  document  setting  forth  recommended 
procedures  in  the  installation  and  use  of  turbine  flowmeters 
would  be  very  useful  to  those  industries  requiring  a  high  degree  of 
accuracy  in  flow  measurements. 

Finally,  consideration  should  be  given  to  means  for  conducting 
calibrations  and  correlations  at  elevated  temperatures,  up  to 
500  F  and  at  pressures  to  1000  psi. 

V.  P.  Head.6  Every  fluid-mechanics  laboratory  should  profit 
from  the  authors’  treatment  of  inertia  error.  Beam  travel  from 
rest  to  timer  operation  is  often  '/4  or  'Aim  Note  in  Equation  [6] 
that  LO  is  the  displacement,  y,  of  the  counterweight  end  of  the 

8  Director  of  Hydraulic  Research,  Fischer  &  Porter  Co.,  Hatboro, 
Pa.  Mem.  ASME. 


Using  g  =  386  in.  /sec2,  an  average  60  sec  time  run  requires  y  to 
be  less  than  0.00023  in.  for  0.1  per  cent,  or  0.028  in.  for  0.5  per 
cent,  or  V2  in.  for  1.3  per  cent  inertial  error.  Diverse  beam  scale 
dynamic  rigs  prevalent  in  university  and  aircraft  test  labora¬ 
tories  in  past  years  are  at  best  1  per  cent  devices,  and  increasing 
use  of  the  diverter,  authors’  Fig.  1,  is  to  be  encouraged,  es¬ 
pecially  with  water  at  low  temperature  where  evaporation  rates 
are  negligible. 

After  a  year  of  dynamic  weighing  experience  at  General  Elec¬ 
tric’s  A  G  T  Division,  we  were  using  two  scales  and  timers  with 
pump  and  flowmeter  between,  and  with  50  to  200  lb  actual  weights 
moved  from  receiver  scale  to  supply  scale  after  timers  were 
started.  Flexible  hoses  were  hopeless.  Small  vertical  pipes  of 
outside  diameter  d  extended  almost  to  the  bottom  of  both  cylin¬ 
drical  liquid  tanks  of  inside  diameter  D.  Buoyancy  of  the  volume 
of  pipe  plus  its  contained  liquid  was  corrected  by 


W actual  —  IF indioated 


[8] 


This  system  served  only  to  detect  gross  errors  in  damaged  meters 
and  provide  meter  corrections,  accurate  within  about  0.5  per  cent, 
for  the  effects  of  large  viscosity  variations.  Otherwise,  meters 
were  probably  more  accurate  without  the  supposed  corrections. 

The  writer  then  undertook  the  development  of  a  new  primary 
standard  for  liquid-mass  measurement,  and  a  number  of  other 
aircraft  laboratories  contributed  to  its  perfection.  Known  as 
the  standpipe  liquid  weigher,  and  illustrated  in  the  authors’  Fig. 
5,  this  new  primary  standard  is  not  proprietary,  and  educational 
as  well  as  industrial  laboratories  are  encouraged  to  construct 
their  own.  While  dynamic  weighing  is  almost  always  used,  static 
weighing  by  means  of  a  single  micrometer-actuated  contact  also 
could  be  employed,  with  a  synchronized  diverter-timer  switch  as 
in  the  authors’  Fig.  1.  When  regarded  as  primary,  with  the  mass 
per  inch  of  mercury  W/H  calculated  from  Equation  [9]  (which 
follows),  performance  has  consistently  been  ±0.15  per  cent. 
Attempts  to  determine  W /H  by  weighing  withdrawn  fluid  on  con¬ 
ventional  scales  has  led  to  errors  as  large  as  0.6  per  cent  and 
proved  that  conventional  scales  are  secondary  devices  in  need  of 
constant  restandardization. 

Let  phg  =  mercury  density  at  70  F,  pt  and  pa  =  average  liquid 
and  atmospheric  densities,  grams  per  cc.  Let  At  =  stand¬ 
pipe  area,  Aw  =  manometer  well  area,  and  A,  =  manometer 
tube  area,  all  in  square  inches  at  70  F.  The  constant  including 
atmospheric-buoyancy  correction  is 

W/H  =  0.0361276  phg  (  1  +  ) 

Pi  ~  Pa  L  \  Aw  / 


Small  thermal  corrections,  Fig.  11,  are  used  when  necessary. 
Variations  of  pt  and  pa  from  assumed  average  values  have  trivial 
effects.  In  the  writer’s  opinion,  this  primary  liquid-weight 
standard  is  as  reliable  as  any  in  the  world,  though,  of  course,  the 
many  factors  affecting  flowmeters  as  well  as  those  producing  dif¬ 
ference  between  flow  at  the  meter  and  flow  into  the  standard,  so 
capably  emphasized  by  the  authors,  always  must  be  kept  in 
mind. 
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Fig.  11  Thermal-expansion  corrections  for  standpipe  liquid  weigher 

T.  M.  Morrow.7  The  authors  are  to  be  commended  on  the 
tlear,  concise  presentation  of  the  problems  encountered  in  the 
calibration  of  flowmeters  with  dynamic  weighing  calibrators. 
They  also  are  to  be  complimented  on  the  conservative  evaluation 
of  the  effect  of  these  problems  on  the  state-of-the-art  of  liquid- 
flow  measurement. 

Obviously,  it  is  impossible  to  discuss  in  detail  each  source  of 
measurement  error  noted  in  the  paper.  This  discussion,  there¬ 
fore,  will  be  limited  to  the  presentation  of  an  over-all  picture  of 
the  effect  which  the  results  of  this  study  can  produce  in  the  art  of 
liquid-flow  measurement. 

The  techniques  used  in  the  comparisons  are  obviously  the  re¬ 
sult  of  careful  study  and  planning  to  achieve  more  accurate  flow¬ 
meter  calibrations.  Each  problem  is  discussed  with  clarity  noting 
the  effects  produced  not  only  in  the  flow  range  tested,  but  also  in 
the  higher  ranges  of  flow. 

The  careful  planning  and  execution  of  the  tests  should  be  noted. 
Only  through  closely  controlled  and  monitored  test  conditions 
could  such  significant  results  be  obtained.  Such  tests  are  neces¬ 
sary  to  detect  errors  which  many  manufacturers  of  flowmeter¬ 
calibrating  equipment  consider  insignificant. 

To  evaluate  fully  the  extent  of  these  errors  it  is  necessary  to 
have  very  accurate  information  concerning  all  the  factors  influenc¬ 
ing  the  test.  Only  when  each  of  these  tests  can  be  repeated  a  suf¬ 
ficient  number  of  times  to  determine  the  existence  and  extent  of 
the  error,  can  a  true  evaluation  be  made  of  total  error  effect.  By 
repeated  tests  and  quantitative  analysis  the  authors  have  deter¬ 
mined  that  these  errors  are  significant  and  their  effects  should  be 
considered  in  precise  flowmeter  calibrations. 

The  Naval  Bureau  of  Ordnance  calibration  program  is  con¬ 
fronted  with  accuracy  requirements  increasing  from  the  nominal  1 
or  y2  per  cent  at  industrial  level  to  a  primary  standard  level  of 
better  than  0.1  per  cent.  This  accuracy  is  not  only  required  at 
the  flowrates  at  which  the  National  Bureau  of  Standards  tests 
were  conducted,  but  over  the  range  of  flows  from  15  lb  per  hr  to 
more  than  2,500,000  lb  per  hr.  This  paper,  therefore,  represents 
a  step  toward  the  achievement  of  the  required  accuracy  over  this 
range.  The  limiting  factor,  until  now,  has  been  an  inability  to 
determine  the  rate  of  increase  of  these  potential  errors  at  higher 
flowrates  in  dynamic  weighing  calibration  systems. 

The  tests  and  results  presented  in  this  paper  are  being  studied 
carefully  by  the  Naval  Bureau  of  Ordnance  to  find  a  means  of 
applying  the  equipment  and  techniques  found  therein  to  the  area 
of  high-flow,  high-accuracy,  liquid-flow  measurement.  Before 
further  progress  can  be  made  in  adapting  present,  or  developing 
new,  flow-measuring  devices  to  newly  developed  fuels,  hydraulic 
fluids,  and  liquid  oxidizing  agents,  the  characteristics  peculiar  to 
these  liquids  must  be  determined  and  evaluated. 

These  evaluations  and  the  errors  discussed  in  this  paper  should 
be  considered  for  their  effect  on  higher  accuracy  requirements. 

7  Measurement  Standards  Division,  U.  S.  Naval  Inspector  of  Ord¬ 
nance,  Pomona,  Calif. 


It  is  suggested,  indeed  urged,  that  the  authors  continue  their 
program  of  research  and  evaluation  of  the  errors  of  liquid-flow¬ 
meter  calibrators  and  that  it  be  expanded  to  meet  existing  and 
future  requirements  of  increased  accuracy  and  higher  flow  ranges. 

E.  A.  Spencer.8  It  is  interesting  to  compare  the  equipment  de¬ 
veloped  by  the  authors  with  that  used  to  test  flowmeters  at  the 
Government’s  Mechanical  Engineering  Research  Laboratory  at 
East  Kilbride,  Glasgow. 

This  laboratory,  which  is  one  of  the  research  stations  of  the 
Department  of  Scientific  and  Industrial  Research,  has  a  number 
of  circuits,  using  water  as  the  working  fluid  to  cover  a  wide  range 
of  sizes  and  flowrates,  the  maximum  capacity  being  6,000,000 
lb/per  hr  (30  cu  ft  per  sec).  A  smaller  version  of  the  main  rig  is 
comparable  with  the  NBS  static  calibrator  and  was  designed  for 
flowrates  up  to  180,000  lb  per  hr  through  6-in.  piping.  Early 
experiments  indicated  that  very  high  accuracies  could  be  obtained 
more  easily  with  a  static  weighing  technique  than  with  volu¬ 
metric  tanks9  and  in  fact  direct  weighing  has  been  adopted  in  all 
the  flow-calibration  systems  of  the  laboratories.  In  the  main  rig 
a  weighbridge  capable  of  weighing  30  tons  of  water  was  installed 
while  for  the  smaller  version  a  2000-Jb  platform  machine  having  a 
sensitivity  of  l/*  oz  has  been  found  adequate,  the  minimum  period 
for  diversion  into  the  measuring  tanks  being  30  sec.  Like  the 
NBS  system  the  movement  of  the  diverter  past  its  mid-travel 
position  actuates  an  electronic  counter  and  the  diversion  time 
can  be  measured  in  milliseconds. 

One  of  the  major  differences  between  the  authors’  system  and 
MERL  is  in  the  siting  of  the  flow-control  valve.  In  the  latter  a 
spear  valve  similar  to  that  used  for  a  Pelton  wheel  is  situated  at 
the  end  of  the  calibration  line  and  the  round  jet  issuing  from  this 
is  changed  to  a  thin  rectangular  stream  by  a  fishtail  nozzle  at¬ 
tached  to  the  valve.  High-speed  cine  films  have  shown  that 
the  diverter  moves  across  this  stream  in  about  40  millisec.  Ex¬ 
perience  with  this  method  of  flow  control  which  ensures  a  safe 
positive  pressure  at  the  meter  position  has  been  very  satisfactory 
and  is  considered  preferable  to  the  upstream  position  selected  by 
the  authors.  In  view  of  their  remarks  on  the  dangers  of  upstream 
throttling  the  reason  for  not  siting  the  valve  between  the  meter 
and  the  tee-j  unction  to  the  calibrators  is  not  apparent. 

Although  as  the  authors  point  out  a  calibration  is  only  absolutely 
true  for  the  actual  conditions  at  the  time  of  the  test,  the  value 
of  such  a  test  on  a  flowmeter  is  that  it  should  provide  data  which 
can  be  applied  to  the  subsequent  use  of  the  meter  in  its  final  in¬ 
stallation.  The  introduction  of  flow  straighteners  at  or  near  the 
upstream  entry  to  the  meter  may  produce  artificial  conditions 
which  will  differ  substantially  from  those  experienced  in  practice 
and  give  rise  to  significant  errors.  Are  the  authors  recommending 
that  in  effect  a  flow  straightener  should  become  part  of  the  meter? 
Even  with  this  arrangement  it  is  desirable  that  the  laboratory  in¬ 
stallation  should  be  free  from  rotational  disturbances  such  as 
those  indicated  by  the  extreme  test  points  in  the  comparison  of 
the  four  calibrators.  Were  the  authors  able  to  measure  the 
amount  of  the  swirl  upstream  from  the  reference  meters? 

The  authors  are  to  be  congratulated  on  the  very  high  standards 
of  precision  achieved  with  the  equipment  in  calibrating  flowme¬ 
ters.  These  figures  which  are  dependent  on  the  sensitivity  of  the 
meter  could  usefully  be  supplemented  by  results  on  the  steadiness 
of  the  rate  of  flow  by  comparing  the  successive  measurements  of 
the  actual  flowrate  determined  by  the  NBS  calibrator.  At 
MERL  it  has  been  found  that  the  standard  deviation  of  such  re¬ 
peated  determinations  with  the  control  valve  at  a  set  position  is 

8  Principal  Scientific  Officer,  Fluid  Mechanics  Division,  Mechanical 
Engineering  Research  Laboratory,  Glasgow,  Scotland. 

8  “The  Accurate  Calibration  of  Flowmeters  With  Water,”  by  E.  A. 
Spencer  and  A.  T.  J.  Haward,  Trans.  Society  of  Instrument  Tech¬ 
nology ,  vol.  9,  1957,  p.  1. 
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0.1  per  cent.  It  should,  however,  be  noted  that  the  supply  to 
the  calibration  lines  is  from  a  constant-head  tank  and  not  direct 
through  a  pump. 

Authors’  Closure 

The  authors  wish  to  express  their  appreciation  for  the  encourag¬ 
ing  comments  of  the  discussers.  Regarding  the  comments  by 
Mr.  Galley,  it  is  correct  to  state  that  the  techniques  are  equally 
applicable  to  either  volumetric  or  gravimetric  flowmeters.  His 
observations  on  cavitation  in  turbine  sensors  are  important  as 
the  high  velocity  at  the  turbine  blades,  with  its  corresponding 
reduction  in  static  pressure,  frequently  is  a  cause  of  vapor  forma¬ 
tion  especially  with  hydrocarbon  liquids.  The  authors  are  also 
in  agreement  that  the  flow  must  be  uniformly  turbulent  at  the 
test  meter,  and  that  gravity  flow  provides  a  better  test  condition 
for  precision  work. 

Mr.  Grotta  brings  out  an  important  characteristic  to  be  con¬ 
sidered  in  the  selection  of  reference  meters;  namely,  much  greater 
precision  can  be  obtained  with  reference  meters  of  the  totalizing 
type  having  a  calibration  constant  essentially  independent  of 
flow  rate.  The  newer  electronic  methods  of  digital  readout  can 
be  employed  with  these  and  the  absence  of  an  exact  flow  setting 
will  not  influence  the  results  significantly.  This  eliminates  the 
human  error  associated  with  the  observation  and  setting  of  flow 
rate  and  greatly  increases  the  precision  of  the  calibration  pro¬ 
cedure. 

The  treatment  of  inertia  error  by  Mr.  Head  is  correct  for  the 
assumption  of  zero  tare  weight  and  a  massless  scale  and  weigh 
tank.  As  they  are  never  attained  actually,  his  dynamic  errors 
are  the  maximum  to  be  expected.  However,  even  if  these  are 
given  due  consideration,  the  possibility  of  a  significant  inertia 
influence  should  be  considered  when  dynamic  weighing  is  used. 

Mr.  Morrow  has  effectively  presented  the  fact  that  the  old 
industrial  tolerances  of  one  per  cent  are  no  longer  adequate,  at 
least  in  the  field  of  national  defense,  and  has  discussed  a  require¬ 
ment  for  standards  approaching  the  accuracy  level  of  0.1  per  cent. 
Although  the  various  individual  components  and  instruments  re¬ 
quired  for  this  precision  are  available,  Spencer9  has  demonstrated 
the  considerable  work  involved  in  attempts  to  attain  such  ac¬ 
curacy.  The  problem  becomes  even  more  complicated  when  one 


realizes  that  new  hazardous  liquids  at  both  high  and  low  tem¬ 
peratures  and  throughout  wide  pressure  ranges  are  involved. 

With  reference  to  Dr.  Spencer’s  very  constructive  comments 
it  should  be  mentioned  that  a  fundamental  difference  in  objectives 
exists.  Dr.  Spencer  is  attempting  to  establish  a  flow  rate  labora¬ 
tory  having  the  highest  possible  accuracy,  whereas  the  apparatus 
described  in  this  paper  was  constructed  for  the  single  purpose  of 
evaluating  the  performance  and  accuracy  of  three  dynamic  type 
calibrators  of  commercial  manufacture.  These  had  been  de¬ 
signed  for  installation  in  industrial  facilities  for  the  calibration  of 
flowmeters  used  in  the  aircraft  industry.  Thus  in  this  particular 
work  it  was  necessary  to  use  the  pumps,  heat  exchangers,  and 
flow  control  valves  supplied  with  the  calibrators  as  part  of  the 
evaluation  procedure.  This  is  the  reason  the  flow  control  valve 
was  located  upstream  from  the  meter.  The  authors  are  in  com¬ 
plete  agreement  that  throttling  should  be  accomplished  down¬ 
stream  from  the  meter  whenever  possible. 

Regarding  the  subject  of  flow  straighteners,  every  type  of  flow 
rate  indicating  meter  is  influenced  by  the  upstream  flow  condi¬ 
tions.  The  authors  still  recommend  that  flow  straighteners 
should  be  considered  part  of  the  meter  in  applications  requiring 
accuracies  of  a  fraction  of  one  per  cent.  This  is  especially  true 
in  the  aircraft  field  where  meter  installation  conditions  deviate 
considerably  from  the  ideal.  Sprenkle  and  Courtright10  have 
recently  discussed  a  few  types  of  straighteners  and  have  demon¬ 
strated  their  effect  upon  the  precision  of  flow  measurement  with 
orifice-type  metering  elements. 

No  attempt  was  made  to  measure  the  swirl  upstream  from  the 
reference  meters,  it  being  deemed  sufficient  for  our  purposes 
merely  to  demonstrate  that  its  presence  contributed  a  significant 
influence.  The  authors  are  in  agreement  that  laboratory  cali¬ 
brators  should  be  free  from  rotational  disturbances  and  pulsa¬ 
tions.  Naturally,  such  is  best  accomplished  by  utilizing  a  gravity 
supply.  However,  this  is  not  always  feasible  in  industrial  in¬ 
stallations  especially  those  using  hazardous  liquid-hydrocarbons 
as  the  working  fluid. 

10  “Straightening  Vanes  for  Flow  Measurement,”  by  R.  E 
Sprenkle  aDd  N.  S.  Courtright,  Mechanical  Engineering,  vol.  80,  Feb¬ 
ruary.  1958.  p.  71. 
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Preface 


Density  is  one  of  the  significant  physical  properties  of  materials 
that  is  important  in  science  and  industry. 

This  Circular  is  issued  to  supply  a  demand  for  information  about 
various  methods  for  determinations  of  the  densities  of  solids  and 
liquids.  The  Circular  also  indicates  that  density  determinations 
may  be  used  to  identify  materials,  and  to  obtain  relationships 
between  density,  chemical  composition,  thermal  and  mechanical 
treatments,  etc. 

This  Bureau  has  published  during  the  past  four  decades  the 
results  of  investigations  on  the  densities  of  various  materials.  A 
list  of  these  publications  will  be  sent  upon  request  to  anyone 
interested. 

E.  U.  Condon,  Director. 
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Density  of  Solids  and  Liquids 

by  Peter  Hidnert  and  Elmer  L.  Peffer* 


Density  data  may  be  used  for  obtaining  relationships  between  density,  chemical  com¬ 
position,  thermal  and  mechanical  treatments  of  materials,  etc.  This  circular  defines  density 
and  specific  gravity,  describes  11  methods  (hydrostatic  weighing,  picnometer,  flotation, 
hydrometer,  falling  drop,  balanced  column,  Boyle’s  law,  electromagnetic,  elastic  helix,  ice 
calorimeter,  and  volumetric)  for  determinations  of  the  densities  of  solids  and  liquids,  and 
indicates  the  accuracy  of  various  methods. 

I.  Introduction 


1.  Definitions  and  Terms 

Density  is  a  significant  physical  property  of 
materials,  and  is  important  in  science  and  in¬ 
dustry.  The  extensive  literature  on  density 
shows  that,  determinations  of  the  density  of  ma¬ 
terials  is  a  constant  and  recurrent  problem. 
For  example,  density  determinations  may  be  used 
to  identify  materials,  and  to  obtain  relationships 
between  density,  chemical  composition,  thermal 
and  mechanical  treatments  of  materials,  etc. 

In  any  list  of  the  physical  properties  of  a  sub¬ 
stance,  its  density  or  specific  gravity  is  usually 
included.  If  the  values  of  the  density  of  a  sub¬ 
stance  are  to  be  relied  upon  when  obtained  by 
different  observers  or  by  different,  methods,  it  is 
important  that  they  be  both  accurate  and  com¬ 
parable. 

Density  is  the  mass  per  unit  volume  and  is 
usually  expressed  in  grams  per  cubic  centimeter 
(or  per  milliliter)* 1 *  at  some  definite  temperature. 

Specific  gravity  is  an  abstract  number  expressing 
the  ratio  of  the  weight  of  a  certain  volume  of  the 
material  in  question  to  the  weight  of  the  same 
volume  of  some  other  substance  taken  as  standard 
at  a  stated  temperature.  Water  is  usually  used 
as  the  standard  substance.  Both  the  temperature 
of  the  material  and  the  temperature  of  the  standard 
substance  should  be  indicated. 

Density  and  specific  gravity,  while  funda¬ 
mentally  different,  are  nevertheless  determined 
in  the  same  way  and  may  have  the 'same  numerical 
values.  The  two  terms  are  often  used  synony¬ 
mously  as  expressing  the  “heaviness”  of  a  sub¬ 

*  Deceased. 

1  The  cubic  centimeter  (that  is,  the  volume  of  a  cube  1  cm  on  a  side)  is  not 
equal  to  the  milliliter,  but  the  difference  is  so  slight  as  to  be  negligible  in  all 
ordinary  determinations.  The  milliliter  is  equal  to  1.000028  cubic  centi¬ 

meters.  In  volumetric  measurements  the  unit  of  volume  usually  employed 

is  the  milliliter  (ml),  though  it  is  sometimes  erroneously  referred  to  as  the 
cubic  centimeter  (cc).  When  the  cubic  centimeter  is  actually  intended  it 
should  be  written  “cm3”  and  not  as  “cc”.  The  cubic  centimeter  is  usually 
employed  to  express  volumes  calculated  from  linear  measurements. 


stance.  Care  must  be  taken,  however,  to  state 
the  units  employed  and  the  temperatures  in¬ 
volved,  otherwise  there  is  danger  of  confusion  and 
misinterpretation  of  results. 

Specific  gravity  may  be  determined  at,  any 
convenient,  temperature  and  referred  to  water 
at  any  desired  temperature.  For  example,  spe¬ 
cific  gravity  may  be  determined  at  20°  C  and 
referred  to  water  at  20°,  15°,  4°  C,  or  any  other 
temperature.  It  is  then  expressed  as  specific 
gravity  at  20°/20°  C,  20715°  C,  or  20°/4°  C. 
If  determined  at  25°  C,  the  specific  gravity  is 
expressed  as  25°/20°  C,  25°/15°  C,  or  25°/4°  C. 

Specific  gravity  is  often  expressed  in  terms  of 
water  at,  the  same  temperature  as  that  at  which 
the  substance  i£  weighed;  for  example,  15°/15°  C, 
20°/20°  C,  or  25°/25°  C.  It  is  preferable,  how¬ 
ever,  especially  in  the  case  of  liquids,  to  express 
all  specific  gravities  in  terms  of  water  at  4°  C. 
The  values  are  then  directly  comparable,  since 
they  are  measured  in  terms  of  the  same  unit,  and 
if  the  change  of  specific  gravity  per  degree  change 
of  temperature  is  known  they  may  all  be  easily 
reduced  to  the  same  temperature.  There  is  also 
the  additional  advantage  that  specific  gravities 
when  so  expressed  are  numerically  the  same  as 
densities  in  grams  per  milliliter.  For  example, 
specific  gravity  at  20°/4°  C  is  numerically  the 
same  as  density  at  20°  C  expressed  in  grams  per 
milliliter.  This  is  obvious,  since,  by  definition, 
1  milliliter  of  water  at  4°  C  weighs  1  gram. 

In  making  specific  gravity  determinations  on  a 
series  of  samples  of  the  same  kind,  it  is  likely  that 
the  temperatures  of  the  various  samples  will  differ 
somewhat  unless  a  constant  temperature  bath  is 
used.  Suppose  the  temperatures  range  as  follows: 
23.5°,  24.4°,  25.0°,  25.6°,  and  26.2°  C.  The 
specific  gravities  may  then  be  calculated  at  23.5°/4°, 
24.4°/4°,  25.0°/4°,  25.6°/4°,  and  26.2°/4°  C,  and, 
if  the  change  of  specific  gravity  per  degree  centi- 
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grade  is  known,  the  values  can  at  once  be  reduced 
to  25°/4°  C  by  multiplying  the  change  per  degree 
centigrade  by  the  difference  between  the  tempera¬ 
ture  of  observation  and  25°  C.  For  example,  if 
the  samples  are  linseed  oil,  of  which  the  change  in 
specific  gravity  is  0.00068  per  degree  centigrade, 
the  specific  gravities  can  be  reduced  to  25°/4°  C 
by  subtracting  from  the  observed  values  of  the 
successive  samples  0.00068  times  1.5,  0.6,  0.0, 
—  0.6,  and  —  1 .2. 

If  the  above  specific  gravities  had  been  expressed 
in  terms  of  water  at  the  temperature  of  observa¬ 
tion,  they  would  have  been  at  23.5°/23.5°,  24.4°/ 
24.4°,  25.0°/25.0°,  25.6°/25.6°,  and  26.2°/26.2°  C, 
and  would  not  then  have  been  directly  comparable 
or  easily  reducible  to  the  same  basis,  since  the 
correction  to  be  applied  in  each  case  would  then 
involve  both  the  expansion  of  the  sample  itself 
and  the  change  of  the  unit  of  measurement,  that 
is,  the  density  of  water. 

For  purposes  of  comparison,  specific  gravities 
are  sometimes  shown  in  parallel  columns  at 
15°/15°  and  at  25°/25°  C.  This  method  does  not 
make  possible  a  real  comparison  since  the  values 
given  in  the  two  columns  are  measured  in  different 
units.  It  shows  only  the  difference  between  the 
expansion  of  the  sample  in  question  and  that  of 
water  over  the  same  temperature  range.  If  it 
should  happen  that  the  sample  in  question  had 
the  same  rate  of  expansion  as  water  then  the 
specific  gravities  of  the  sample  at  15°/15°  and  at 
25°/25°  C  would  be  identical,  that  is,  it  would 
appear  that  the  specific  gravity  of  the  sample  did 
not  change  with  change  of  temperature. 

In  all  determinations  one  should  distinguish 
between  apparent  and  true  specific  gravity.  In 
case  the  true  specific  gravity  is  desired,  this  can  be 
obtained  either  by  correcting  all  weighings  for 
air  buoyancy  before  determining  the  ratio  of  the 
weights,  or  by  applying  a  correction  to  the  ap¬ 
parent  specific  gravity. 

Table  1  [l]2  gives  corrections  to  be  applied  to 
apparent  specific  gravities  in  order  to  obtain  true 
specific  gravities.  These  corrections  are  based  on 
specific  gravities  at  25°/25°  C,  but  they  are  suffi¬ 
ciently  accurate  for  practical  purposes  at  ordinary 
laboratory  temperatures.  For  substances  having 
specific  gravities  that  do  not  differ  much  from 
unity,  the  difference  between  apparent  and  true 
specific  gravity  is  small,  but  for  substances  with 
specific  gravities  far  from  unity,  the  difference 
between  apparent  and  true  specific  gravity  is 
correspondingly  large. 

In  case  it  is  desired  to  correct  the  apparent 
weight  of  a  body  for  air  buoyancy,  this  correction 
may  be  calculated  by  means  of  an  appropriate 
table  of  air  densities  at  various  temperatures  and 
pressures.  The  buoyancy  correction  to  be  added 
to  any  apparent  weight,  to  reduce  it  to  true  weight 

2  Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this 
Circular. 


Table  1.  Corrections  to  be  applied  to  apparent  specific 
gravities  in  order  to  obtain  true  specific  gravities  at 
25° j25°  C  (U.  S.  Pharmacopoeia) 


Apparent 

specific 

gravity 

Correction 

Apparent 

specific 

gravity 

Correction 

0.6 

0.00047 

2.0 

-.00118 

.7 

. 00035 

3.0 

-.00236 

.8 

. 00024 

4.0 

-.00353 

.9 

. 00012 

5.0 

-.00471 

1.0 

.00000 

6.0 

-.00589 

1.  1 

-.00012 

7.0 

-.00706 

1.2 

-.00024 

8.0 

-.00824 

1.3 

-.00035 

9.0 

-.00942 

1.4 

-.00047 

10.0 

-.01060 

1.5 

-.00059 

11.0 

-.01177 

1.6 

-.00071 

12.0 

-.01295 

1.7 

-.00082 

13.0 

-.01413 

1.8 

-.00094 

14.0 

-.01530 

1.9 

-.00106 

15.0 

-.01648 

in  vacuum,  is  calculated  by  multiplying  the  air 
density  by  the  difference  in  volume  between  the 
body  weighed  and  the  weights  required  to  balance 
it  on  an  even  arm  balance,  or 

B=p(V—Vw) ,  (1) 

where  B  is  the  air  buoyancy,  p  the  air  density, 
V  the  volume  of  body  weighed,  and  Vw  the  volume 
of  weights. 

The  numerical  values  of  I"  and  Vw  can  be  ar¬ 
rived  at  by  an  approximation  which  may  be  carried 
to  any  desired  degree  of  accuracy.  The  value  of 
Tr  may  be  obtained  from  the  relation 


V= 


m 

T 


(2) 


where  m  is  the  mass,  and  d  is  the  density  of  the 
body.  For  a  first  approximation  m  may  be  taken 
as  the  uncorrected  weight,  and  d  as  the  apparent 
density.  In  the  same  way  Vw  may  be  taken  as 
the  apparent  weight  divided  by  the  assumed  den¬ 
sity  of  the  weights  (8.4  for  brass  weights).  This 
gives  an  approximate  value  for  B  which  may  be 
applied  to  the  apparent  weights  and  by  this  means 
a  more  exact  value  for  V and  \  w  can  be  determined 
and  with  these  values  of  V  and  T" w  a  more  exact 
value  of  B  can  be  obtained.  This  process  may 
be  continued  until  the  successive  values  of  V,  Vw, 
and  B  differ  by  negligible  amounts.  In  most  cases 
the  second  approximation  will  be  found  to  be 
sufficiently  exact,  and  in  many  cases,  only  the 
first  approximation  will  be  required. 

The  weight  of  a  body  in  vacuum  may  also  be 
computed  from  the  equation 


M=W+p(f 


W 


( d2  p\ 
\di~p) 


=w 


kW 

1000’ 


(3) 
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where  M  is  the  weight  of  body  in  vacuum,  W  the 
apparent  weight  of  body  in  air,  p  the  density  of  air, 
d i  the  density  of  bod}’,  d2  the  density  of  weights, 
and  k  the  correction  factor.  Table  2  gives  correc¬ 
tion  factors  for  p  =  0.00 12  (dry  air  at  21°  C  and 
760  mm  pressure). 

The  weighings  are  reduced  to  vacuum  by  means 
of  a  special  device  originally  designed  for  use  in 
correcting  weighings  of  water  in  tests  of  volumetric 
apparatus.  This  device  consists  of  a  glass  bulb 
of  such  volume  that,  when  suspended  from  one 
arm  of  a  balance  and  counterpoised  against  a 
brass  weight  of  equal  mass,  the  number  of  milli¬ 
grams  that  must  be  added  to  the  pan  from  which 
the  bulb  is  suspended  to  secure  equilibrium  is 
equal  to  the  air  buoyancy  on  a  liter  of  water 
weighed  against  brass  weights.  This  buoyancy 
constant  when  divided  by  881.3  ml  (the  difference 
in  volume  between  the  glass  bulb  and  the  brass 
weights)  gives  the  air  density.  The  bulb  is  sus¬ 
pended  in  a  glass  case  to  protect  it  from  disturb¬ 
ing  air  currents.  Correction  is  made  for  the 
difference  in  temperature  between  this  case  and 
the  balance  where  density  determinations  are 
made.  The  density  of  the  brass  weights  for  the 
purpose  of  correcting  for  displaced  air  is  assumed 
to  be  8.4  g/cm3. 

If  greater  precision  is  required,  the  true  value 
for  p  depending  on  temperature,  humidity,  and 


pressure,  should  be  substituted  in  eq  3.  Values 
for  p  for  dry  air  containing  0.04  percent  of  C02  at 
various  temperatures  and  pressures  may  be  ob¬ 
tained  from  table  29  of  a  previous  Bureau  Cir¬ 
cular  [2], 


Table  2.  Correction  factors  ( buoyancy )  for  p  =  0.0012 
[BS  Circular  19,  6th  ed.] 


Correction  factor,  k 

Correction  factor,  k 

Density 
of  body 
weighed 

Pt-Ir 
weights 
d  =  21.5 
g/cm  3 

Brass 

weights 

8.4 

Quartz 
or  A1 
weights 
2.65 

Density 
of  body 
weighed 

Pt-Ir 

weights 
d=21.5 
g/cm  3 

Brass 

weights 

8.4 

Quartz 
or  A1 
weights 
2.65 

g/cm  3 
0.5 

2. 35 

2.26 

1.95 

g/cm  3 
5.0 

0. 18 

0. 10 

-0.21 

.6 

1.95 

1.86 

1.55 

6.0 

.  15 

.06 

-.25 

.7 

1.66 

1.57 

1.26 

7.0 

.12 

.03 

-.28 

.8 

1.45 

1.36 

1.05 

8.0 

.  10 

.01 

-.30 

.9 

1.28 

1. 19 

0.88 

9.0 

.08 

-.01 

-.32 

1.0 

1. 14 

1.06 

.75 

10.0 

.06 

-.02 

-.33 

1.  1 

1.04 

0.95 

.64 

11.0 

.05 

-.03 

-.34 

1.2 

0.  94 

.86 

.55 

12.0 

.04 

-.04 

-.35 

1.3 

.87 

.78 

.47 

13.0 

.04 

-.05 

-.36 

1.4 

.80 

.72 

.40 

14.0 

.03 

-.06 

-.37 

1.5 

.74 

.66 

.35 

15.0 

.02 

-.06 

-.37 

1.6 

.69 

.61 

.30 

16.0 

.02 

-.07 

-.38 

1.7 

.65 

.56 

.25 

17.0 

.01 

-.07 

-.38 

1.8 

.61 

.52 

.21 

18.0 

.01 

-.08 

-.39 

1.9 

.58 

.49 

.18 

19.0 

.01 

-.08 

-..39 

2.0 

.54 

.46 

.  15 

20.0 

.00 

-.08 

-.39 

2.5 

.42 

.34 

.03 

21.0 

.00 

-.09 

-.40 

3.0 

.34 

.26 

-.05 

22.0 

.00 

-.09 

-.40 

3.5 

.29 

.20 

-.11 

23.0 

.00 

-.09 

-.40 

4.0 

.24 

.16 

-.  15 

24.0 

-.01 

-.09 

-.40 

II.  Types  of  Apparatus  for  Density  Determinations 


Eleven  methods  for  determinations  of  the 
densities  3  of  solids  and  liquids  will  be  described. 
Free  use  has  been  made  of  publications  of  many 
authors,  particularly  those  of  the  National  Bureau 
of  Standards.  In  order  to  conserve  space  it  is 
necessary  to  omit  descriptions  of  some  variations 
and  modifications  of  the  density  methods  de¬ 
scribed  in  this  Circular.  Some  of  the  illustrations 
were  redrawn  with  minor  changes  in  order  to  con¬ 
form  with  this  Bureau’s  editorial  policy. 

L  Hydrostatic  Weighing  Method 

The  hydrostatic  weighing  method  may  be  used 
for  determining  the  density  of  solids  and  liquids. 

(a)  Solids 

For  the  determination  of  the  density  of  a  solid 
it  is  first  weighed  in  air,  and  then  weighed  while 

3  At  the  request  of  the  American  Society  for  Testing  Materials,  the 
National  Bureau  of  Standards  completed  in  1941  an  investigation  of  instru¬ 
ments  available  to  industry  for  the  determination,  indication,  or  recording 
of  the  specific  gravities  of  gases.  Eleven  different  instruments  were  investi¬ 
gated  with  the  use  of  15  test  gases  of  known  specific  gravities.  Determina¬ 
tions  were  made  of  the  accuracy  and  reproducibility,  of  the  effects  of  changes 
of  temperature,  relative  humidity  and  water  content  of  the  surrounding  air, 
and  of  sources  of  error  and  applicable  corrections.  The  test  gases  ranged  in 
specific  gravity  from  helium  (0.15),  in  steps  of  approximately  0.15,  to  butane 
(2.06).  The  probable  errors  in  the  values  of  the  specific  gravities  of  the  test 
gases  and  mixtures  used  as  reference  standards  averaged  ±0.00004,  which 
made  it  possible  to  fix  the  errors  of  the  instruments  to  0.0001  specific  gravity 
unit.  The  results  of  this  investigation  have  been  published  by  Smith, 
Eiseman,  and  Creitz  [3], 
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suspended  in  a  liquid  of  known  density.  This  is 
done  by  attaching  one  end  of  a  silk  thread  or  fine 
wire  to  one  arm  of  an  equal  arm  balance  and  the 
other  end  of  the  thread  or  wire  to  a  small  basket 
in  which  the  solid  sample  is  placed.  It  is  neces¬ 
sary  to  have  the  thread  or  wire  pass  through  the 
surface  of  the  liquid  with  the  basket  attached  in 
taking  the  balance  reading  before  the  solid  sample 
is  placed  in  the  basket  in  order  that  errors  due  to 
the  weight  of  this  attachment  and  to  the  effect  of 
surface  tension  of  the  liquid  on  the  suspension 
thread  or  wire  may  be  avoided.  A  fine  wire  is 
preferable  to  a  silk  thread  since  large  errors  may 
be  introduced  on  small  samples  by  the  use  of  the 
latter. 

The  density  of  the  solid  sample  is  computed 
from  the  weight  in  air  divided  by  its  volume. 
This  volume  is  equal  to  the  loss  of  weight  of  the 
sample  divided  by  the  density  of  the  liquid  at  the 
temperature  of  observation. 

(b)  Liquids 

The  density  of  a  liquid  may  be  determined  by 
weighing  in  the  liquid  a  sinker  of  known  mass  and 
volume.  The  arrangement  of  apparatus  used  at 
the  National  Bureau  of  Standards  is  shown  in 
figures  1  to  4.  The  densimeter  tube  containing 
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the  liquid  and  the  immersed  sinker  E  is  shown  in 
figure  1.  A  special  cap  is  used  for  closing  the 
densimeter  tube  when  weighings  are  not  being 
made.  This  cap  consists  of  a  brass  cover,  A, 
fitted  to  the  tube  by  a  soft  rubber  bushing,  B. 
Through  the  center  of  the  cover  is  a  hole,  which 
may  be  closed  by  a  tightly  fitting  brass  plug,  C. 
To  the  upper  and  lower  faces  of  this  plug  is  at¬ 
tached  the  suspension  wire.  When  weighings  are 


a  b 

Figure  1.  Densimeter  tub e,\ one- third  size  (Osborne). 
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in  progress,  the  suspension  is  as  shown  in  figure 
1,  b,  access  of  the  outer  air  being  only  through  the 
hole  in  the  cap.  When  weighings  are  not  in 
progress,  this  hole  is  closed  by  the  plug,  as  shown 
in  figure  1,  a,  to  avoid  changes  in  concentration 
of  the  liquid,  caused  by  evaporation  or  by  ab¬ 
sorption  of  water  vapor  from  the  air.  In  figures 
2  and  3  the  densimeter  tube,  H,  is  shown  fixed  in 
place  in  the  inner  water  bath. 

The  water  in  the  inner  bath  is  kept  in  constant 
circulation  by  the  propeller  I.  This  bath  is 
immersed,  in  an  outer  bath  kept  in  constant 
circulation  by  means  of  a  motor-driven  propeller, 


Figure  2.  Densimeter  tube  H  in  inner  water  bath,  one- 
fourth  size  (Osborne). 
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Figure  3.  Apparatus  for  determination  of  density  by  hydrostatic  weighing  method,  one-ninth  size  {Osborne). 
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N,  placed  outside  the  bath.  The  temperature  of 
this  outer  bath  is  maintained  constant  or  changed 
at  will  by  means  of  the  electric  heating  coil,  0, 
surrounding  the  return  pipe  and  by  the  tubular 
coil,  P,  connected  with  a  refrigerating  unit  main¬ 
tained  at  a  temperature  below  0°  C.  The  flow  of 
cooled  liquid  in  this  coil  is  adjusted  by  means  of 
a  valve.  By  means  of  special  valve,  Q,  the  flow 
of  water  in  the  circulating  apparatus  may  be 
directed  entirely  through  the  cooling  chamber, 
directly  through  the  circulating  propeller,  or 
divided,  part  going  either  way  at  will,  thus 
regulating  the  quantity  of  heat  removed  from  the 
system  by  the  refrigerating  unit.  The  cooling  is 
made  slightly  in  excess  of  the  heat  acquired  from 
the  surrounding  air  and  that  produced  by  the 


Figure  4.  Bath  for  use  in  determination  of  density  by 
hydrostatic  weighing  method,  one-eighth  size  (Osborne). 


circulation,  the  balance  being  maintained  by 
means  of  the  heating  coil. 

This  coil,  which  has  a  resistance  of  10  ohms,  is 
made  of  Chromel  A  or  Nichrome  V  ribbon, 
wound  over  mica  on  the  brass  tube  through 
which  the  return  flow  takes  place.  It  is  used 
both  for  regulation  of  temperature  and  for  rapid 
heating  when  changing  the  temperature.  For 
regulation  it  is  connected  in  series  with  a  variable 
resistance  consisting  of  a  sliding  contact  wire 
rheostat  and  a  bank  of  parallel  connected  lamps. 
Another  lamp  bank  is  connected  as  a  shunt  on 
this  variable  resistance  in  the  circuit  of  which  is  a 
relay  operated  by  a  thermoregulator,  R.  The 
bulb  of  this  thermoregulator  is  the  tubular  copper 
coil  S,  containing  about  20  ml  of  xylol. 

A  rise  in  temperature  closes  an  electric  circuit, 
the  relay  is  thus  energized,  the  shunt  circuit 
broken,  and  the  current  in  the  heating  coil 
diminished.  When  the  temperature  falls  suffi¬ 
ciently,  this  action  is  reversed.  The  sensitivity  of 
the  regulation  varies  with  conditions.  Under  the 
most  adverse  conditions  the  regulating  energy 
used  in  the  heating  coil  is  from  fOO  to  140  watts 
and  maintains  the  outer  bath  constant  within 
0.05  deg  C.  Under  the  best  conditions  the 
energy  varies  from  10  to  20  watts,  keeping  the 
temperature  of  the  bath  constant  within  0.01 
deg  C.  The  periodic  variation  in  temperature  of 
the  outer  bath  is  in  either  case  far  too  rapid  to 
produce  any  perceptible  change  in  the  inner  bath. 
For  rapid  heating,  the  small  regulating  current  is 
replaced,  using  a  double-throw  switch,  by  a 
heavier  current  supplying  about  1,500  watts  in 
the  heating  coil. 

The  outer  bath  as  first  arranged  is  shown  in 
figure  3.  It  was  contained  in  a  rectangular  tank 
with  plate-glass  walls  and  brass  bottom  and  top. 
The  insulation  consisted  of  cotton  between  two 
layers  of  heavy  cardboard.  The  water  entered 
at  T  and  left  at  U,  thus  insuring  complete  circu¬ 
lation.  Owing  to  the  repeated  difficulty  on 
account  of  leakage  of  the  joints,  this  tank  was 
replaced  by  a  double-walled  glass  cylindrical 
vacuum  jacket  as  shown  in  figure  4.  The  top 
was  closed  by  a  brass  cap  cemented  to  the  glass. 
The  water  enters  by  two  tubes  extending  to  the 
bottom  and  leaves  by  two  tubes  at  the  top.  The 
greatest  difficulty  with  this  container  for  the 
outer  bath  was  the  distortion  of  the  image  of 
the  thermometers,  owing  to  the  cylindrical 
surface  of  the  container.  This  difficulty  was 
remedied  to  a  considerable  extent  by  cementing 
a  plane  glass  plate  to  the  outside  surface  of  the 
container,  forming  a  cell  which  when  filled  with 
water  corrected  most  of  the  aberration.  The 
cylindrical  container  is  covered  with  nickeled 
paper  or  aluminum  foil  in  order  to  exclude  or 
minimize  radiation.  Windows  are  cut  in  the 
paper  or  foil  to  permit  observations  to  be  made. 

The  temperatures  are  observed  on  two  mercury 
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thermometers  4  suspended  in  a  tube  of  water,  the 
position  of  which  is  symmetrical  in  the  inner  bath 
to  that  of  the  densimeter  tube.  The  thermometers 
are  so  mounted  on  a  movable  cap  that  by  its 
rotation  they  may  be  successively  brought  into 
position  for  reading.  They  are  read  with  the  aid 
of  a  long-focus  microscope  so  mounted  as  to  be 
movable  vertically.  The  object  of  placing  the 
thermometers  in  a  tube  instead  of  directly  in 
contact  with  the  water  of  the  inner  circulating 
bath  is  to  eliminate,  as  far  as  possible,  errors  due 
to  temperature  lag  within  the  densimeter  tube. 
Since  the  liquid  sample  is  separated  from  the 
circulating  bath  by  the  densimeter  tube,  the 
thermometers  should  be  separated  from  the  circu¬ 
lating  bath  by  a  similar  tube  so  that  when  a 
constant  temperature  is  indicated  by  the  ther¬ 
mometers  the  same  constant  temperature  shall 
obtain  within  the  densimeter  tube. 

The  apparatus  shown  in  figures  1  to  4  and 
described  above  has  now  been  modified  in  several 
respects.  The  tubular  copper  coil,  S,  has  been 
replaced  with  a  sinuous  glass  tube  having  vertical 
segments.  Thermocouples  have  been  placed  in 
the  outer  and  inner  baths  and  in  the  thermometer 
tube  to  detect  small  temperature  changes. 

A  sinker  made  of  annealed  Jena  16ni  glass, 
ballasted  with  mercury,  is  used.  Its  volumes  are 
calculated  from  its  weight  in  vacuum  and  its  ap¬ 
parent-  weights  in  twice  distilled  water  at  various 
temperatures,  using  known  values  for  the  density 
of  water  [2,  5].  The  sinker  should  have  a  volume 
of  50  to  100  ml. 

The  sinker  is  suspended  by  a  hook  from  a  small 
secondary  sinker  attached  to  a  wire  let  down  from 
one  pan  of  a  balance  as  shown  in  figure  3.  The 
secondary  sinker  has  a  mass  sufficient  to  keep  the 
suspension  wire  straight  and  in  its  proper  position, 
and  is  always  immersed  in  the  liquid,  whether  the 
larger  sinker  (of  known  mass  and  volume)  is 
attached  or  not. 

The  platinum  suspension  wire  passing  through 
the  surface  of  the  liquid  sample,  has  a  diameter5 
of  0.2  mm  and  is  covered  with  a  fine  layer  of 
unpolished  gold  by  electrodeposition.  In  the 
case 'of  liquids  which  imperfectly  wet  the  suspen¬ 
sion  wire,  this  roughening  of  the  surface  of  the 
wire  is  essential,  but  with  such  liquids  as  linseed, 
oil  and  turpentine  it  is  probably  unnecessary. 

The  weighings  are  made  on  a  sensitive  balance 
by  the  method  of  substitution,  that  is,  a  constant 
mass  is  kept  on  one  pan  of  the  balance  and  the 
weighings  made  on  the  other  pan.  Sufficient 
weights  are  placed  on  the  latter  pan  to  secure 
equilibrium,  first  with  the  sinker  attached  and 
then  detached.  The  weights  were  calibrated  in 
terms  of  known  standards  and  were  accurately 
adjusted,  so  that  the  maximum  error  of  any 

4  Prang  [4]  used  a  copper-eonstantan  differentia]  thermoelement  for  deter¬ 
mining  the  temperature  of  a  large  sinker  to  within  0.0005  deg  C  (correspond¬ 
ing  to  0.03  mg  in  weight). 

5  Prang  [4]  and  Schulz  [6]  used  platinum  suspension  wires  0.05  and  0.02 
mm  in  diameter,  respectively. 
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possible  combination  of  weights  is  so  small  in 
comparison  with  accidental  errors  as  to  be 
negligible. 

In  making  density  determinations  of  a  liquid 
by  the  hydrostatic  weighing  method,  the  procedure 
is  as  follows: 

The  water  in  the  outside  circulating  bath  is 
brought  to  the  desired  temperature  and,  before 
observations  are  begun,  sufficient  time  is  allowed 
to  elapse  for  the  apparatus  to  reach  the  steady 
state.  When  the  thermometers  in  the  inner  tube 
indicate  a  constant  temperature  it  is  assumed  that 
the  liquid  in  the  densimeter  tube  is  at  the  same 
constant  temperature  and  observations  are  begun. 
First,  a  weighing  is  made  with  the  sinker  suspended 
in  the  liquid  sample,  then  the  temperature  is 
observed  on  each  of  two  thermometers;  next,  a 
weighing  is  made  with  the  sinker  off,  then  a  second 
weighing  with  the  sinker  on,  and  after  that  a 
second  observation  of  temperature.  The  tempera¬ 
ture  may  then  be  changed  to  a  different  tempera¬ 
ture  and  the  same  procedure  followed. 

The  density  of  the  liquid  sample  is  calculated 
by  means  of  the  equation 


w  (w— wQ  +  (w— w2)  f,  \ 


where  Dt  is  the  density  of  liquid  sample  at  temper¬ 
ature  t,  W  is  the  weight  of  sinker  in  vacuum,  w  is 
the  weighing  with  sinker  off,  Wi  and  w2  are  the  weigh¬ 
ings  with  sinker  in  the  liquid,  p  is  the  air  density, 
dw  is  the  density  of  weights  (8.4  is  usually  assumed 
for  brass  weights),  and  Yt  is  the  volume  of  sinker 
at  temperature  t. 

With  this  method  it  is  possible  to  obtain  densi¬ 
ties  of  ordinary  liquids  that  are  accurate  to  within 
2  units  in  the  fifth  decimal  place.  However, 
Redlich  and  Bigeleisen  [7]  and  Prang  [4]  claimed 
an  accuracy  of  approximat  ely  4  units  in  the  seventh 
place  and  4  to  5  units  in  the  eighth  place,  respec¬ 
tively. 

Additional  information  about  the  hydrostatic 
weighing  method  used  at  the  National  Bureau  of 
Standards  is  given  in  publications  by  Osborne  [8], 
Beared  [9],  and  Bearce  and  Peffer  [10].  Wirth  [1 1], 
Prang  [4],  Schulz  [6],  and  Redlich  and  Bigeleisen 
[7]  also  described  the  hydrostatic  weighing  method 
used  by  them  for  determinations  of  the  densities 
of  liquids. 

The  Westphal  balance  indicated  in  figure  5  is 
a  direct-reading  instrument  for  determinations  of 
the  density  of  liquids  by  hydrostatic  weighing. 
The  balance  consists  of  a  pivoted  beam  graduated 
on  one  arm  from  which  is  suspended  a  sinker  by 
means  of  a  fine  platinum  wire.  The  movable 
weights  (riders),  in  terms  of  density,  represent 
units,  tenths,  hundredths,  thousandths,  and  ten- 
thousandths.  The  Westphal  balance  should  be  in 
equilibrium  when  the  sinker  is  suspended  in  water 
at  a  given  temperature  and  the  unit  weight  is  in 
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Figure  5.  Westphal  balance  for  determinations  of  the 
density  of  liquids  (Wright). 

proper  position  on  the  beam.  When  the  sinker 
is  suspended  in  another  liquid  at  the  same  tempera¬ 
ture,  different  weights  may  be  required  to  bring 
the  balance  to  equilibrium.  The  density  is  read 
directly  from  the  values  of  the  weights  and  their 
positions  on  the  beam.  N 

The  Westphal  balance  is  in  general  about  as 
accurate  as  a  hydrometer  but  not  as  convenient. 
Its  principal  advantage  is  that  it  can  be  used  on 
small  samples  of  liquids. 

Forziati,  Mair,  and  Rossini  [12]  described  a 
density  balance  which  is  similar  in  principle  to  the 
Westphal  balance.  They  used  the  balance  shown 
in  figure  6  for  measurements  of  the  density  of 
purified  liquid  hydrocarbons  and  of  mixtures  of 
hydrocarbons,  on  samples  as  small  as  9  ml  in  vol¬ 
ume,  with  a  precision  of  several  parts  per  100,000. 

The  scale  on  this  particular  balance  ranges  6 
from  0.65  to  0.95  g/ml,  with  the  smallest  division 
on  the  scale  corresponding  to  0.0001  g/ml  and 
readings  with  the  vernier  being  made  to  0.00001 
g/ml. 

The  balance  was  calibrated  for  measurements  of 
density  by  making  observations  on  a  series  of  seven 
hydrocarbons  for  which  values  of  density  were 
determined  by  the  picnometer  method,  for  air- 
saturated  material  at  20°,  25°,  and  30°  C  with  an 
estimated  over-all  uncertainty  of  ±0.00002  g/mj. 

8  Other  ranges  of  scale  readings  may  be  obtained  as  required. 
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In  reducing  the  scale  readings,  corrections  (from 
zero  to  0.00003  g/ml)  were  made  for  slight  inequal¬ 
ities  in  the  spacing  of  the  notches  on  the  beam, 
which  inequalities  were  determined  by  measure¬ 
ments  with  known  masses  hanging  from  the  left 
arm  of  the  beam  as  the  rider  on  the  beam  was 
moved  successively  from  one  notch  to  another. 

As  the  density  of  liquid  hydrocarbons  changes 
about  0.00001  g/ml  for  a  change  in  temperature  of 
0.01  deg  C,  and  as  the  sensitivity  of  the  balance  is 
0.00001  g/ml,  changes  in  temperature  of  the 
sample  under  observation  in  excess  of  0.01  deg  C 
will  be  indicated  as  changes  in  the  scale  readings  at 
balance.  For  precise  work,  it  is  desirable  to  have 
thermometric  control  that  produces  a  maximum 
variation  in  the  temperature  of  the  sample  of  not 
more  than  0.01  deg  C. 

The  effect  of  differences  in  surface  tension  of 
samples  of  various  liquid  hydrocarbons,  with 
different  forces  on  the  fine  platinum  wire  support¬ 
ing  the  sinker,  was  calculated  to  be  negligible. 
As  the  surface  tension  of  hydrocarbons  varies  in 
a  more  or  less  regular  manner  with  density,  the 
main  effect  of  differences  in  surface  tension  in 
going  from  hydrocarbons  of  low  density  to  those 
of  high  density  becomes  incorporated  as  part  of 
the  calibration  correction.  The  net  effect  of  sur¬ 
face  tension  then  reduces  to  the  effect  of  the  dif¬ 
ference  in  surface  tension  for  hjnlrocarbons  of  the 
same  or  nearly  the  same  density.  Examination  of 
published  data  in  the  range  of  density  0.60  to  0.90 
indicates  that  hydrocarbons  of  the  same  or  nearly 
the  same  density  have  values  of  surface  tension 
that  differ  by  not  more  than  about  1  dyne/cm. 
This  corresponds  to  a  maximum  error  of  0.000005 
g/ml  in  density. 

2.  Picnometer  Method 

The  picnometer  method  may  be  used  for  deter¬ 
mining  the  density  of  liquids  and  solids. 

(a)  Liquids 

The  hydrostatic  weighing  method  described  in 
the  preceding  section  is  applicable  only  to  such 
liquids  as  are  of  sufficient  fluidity  to  allow  the 
sinker  to  take  up  a  position  of  static  equilibrium 
when  suspended  in  the  liquid.  With  the  more 
viscous  liquids  the  sensitivity  of  the  balance  is 
greatly  reduced  and  the  weighings  become  more 
difficult,  and  of  doubtful  accuracy.  For  such 
liquids  it  is  therefore  necessary,  or  at  least  desir¬ 
able,  to  use  some  other  method.  The  method 
usually  resorted  to  is  that  of  the  picnometer  or 
specific  gravity  bottle. 

In  the  construction  of  a  picnometer  the  ele¬ 
ments  desired  are  as  follows: 

(a)  A  form  adapted  to  the  rapid  attainment  of 
the  constant  temperature  of  a  surrounding  bath. 

(b)  Means  of  filling  with  minimum  contact  of 
liquid  sample  with  air. 
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Figure  6.  Density  balance  for  determinations  of  the  density  of  liquids  (Fcrzicti,  Mair,  and  Rossini.) 

A,  Constant-temperature  water  reservoir;  B,  bob  or  sinker  (volume  5  mi);  C,  chainomatic  balance;  D,  metal  supporting  stand;  E,  vacuum-jacketed  glass 
water  bath;  F,  water  inlet  to  pump;  G,  table;  H,  shelf  (fastened  to  wall);  J,  water  return  from  E;  K,  special  mercury-in-glass  thermometer  (graduated 
from  19.90°  to  20.10°,  or  from  24.90°  to  25.10°,  or  from  29.90°  to  30.10°  C,  with  a  sensitivity  on  the  scale  of  1  mm  equal  to  0.05°  C);  L,  level  of  water;  M,  motor 
for  stirrer;  N,  solenoid  valve;  P,  water  pump;  R,  connection  of  rubber  tubing;  S,S',  test  tubes  for  containing  samples  of  liquids;  T,  mercury-type  thermo¬ 
regulator;  U,  inlet  for  cooling  water;  V,  valve  for  controlling  flow  of  water  through  E;  W,  platinum  wire,  0.003  in.  in  diameter;  X,  outlet  for  cooling 
-water;  Z,  coil  for  cooling  water. 


(c)  Protection  after  filling  from  change  of  weight 
by  evaporation  or  absorption  of  moisture. 

(d)  Precision  of  filling. 

Special  picnometers  on  the  principle  of  the 
Ostwald-Sprengel  type  have  been  designed  and 
constructed  for  use  at  the  National  Bureau  of 
Standards  [13,  10].  The  form  of  the  picnometers 
is  illustrated  in  figures  7  to  9.  They  were  all 


made  of  Jena  16m  glass  7  and  thoroughly  annealed. 
They  are  adapted  to  immersion  in  the  constant- 
temperature  hath  described  in  the  preceding 
section.  One  of  the  picnometers  (fig.  7)  is  the 

7  Pesce  and  Holemann  [14],  Shedlovsky  and  Brown  [15],  and  Washburn 
and  Smith  [16]  used  picnometers  made  of  fused  quartz.  The  volume  of 
Pesce  and  Holemann’s  picnometer  was  about  25  cm3,  which  they  claimed 
could  be  determined  to  within  0.0001  cm3  at  various  temperatures  between 
25°  and  35°  C.  Washburn  and  Smith  stated  that  the  volumes  of  their  pic¬ 
nometers  were  determined  with  an  accuracy  of  0.1  percent. 
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Rudolphi  [17]  form,  consisting  of  a  hollow  cylinder, 
which  permits  a  rapid  attainment  of  temperature 
but  at  the  expense  of  total  volume.  Another 
picnometer  (fig.  8)  is  of  the  plain  cylindrical  form. 
The  cap  with  stopcock  attached,  as  shown  in 
figure  8,  is  used  to  control  the  internal  pressure 
when  filling  the  picnometer.  The  bulb  containing 
the  liquid  to  be  investigated  is  joined  to  the  pic¬ 
nometer  by  the  ground  joint  b.  By  proper  manip¬ 
ulation,  such  as  inclining  the  picnometer  at  a 
suitable  angle  and  properly  varying  the  air  pres¬ 
sure,  liquid  is  introduced  into  the  picnometer 
after  filling,  cap  a  is  replaced.  With  the  pic¬ 
nometer  in  position  in  the  water  bath,  leaving 
only  the  upper  portions  of  the  capillaries  emergent, 
the  adjustment  of  the  quantity  of  liquid  is  approxi¬ 
mated  as  the  temperature  approaches  constancy. 
Liquid  may  be  introduced  if  necessary  by  means 
of  a  pipette  placed  with  it's  tip  to  the  aperture  of 
the  capillary  with  proper  adjustment  of  pressure 
through  tube  C.  Small  quantities  of  liquid  may  be 
removed  by  means  of  a  strip  of  filter  paper  applied 
at  the  tip  of  the  capillary.  Enough  liquid  is 
removed  to  bring  the  meniscus  just  to  the  line  e 
on  the  capillary.  The  inside  of  the  enlargement,  d, 
of  the  tube  is  dried,  either  by  means  of  filter  paper 
or  by  a  stream  of  dry  air.  The  picnometer  itself 
serves  as  a  sensitive  thermo-indicator,  and  until 


Figure  7.  Picnometer ,  three-tenths  size  (Osborne). 
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Figure  8.  Picnometer ,  one-four th  size  (Osborne). 

the  temperature  becomes  constant  the  final  adjust¬ 
ment  of  the  quantity  of  liquid  should  not  be  made. 
When  the  temperature  appears  steady,  5  or  10 
minutes  more  are  allowed  as  a  margin  of  safety,  and 
the  filling  is  then  completed.  The  picnometer  is 
closed  to  prevent  evaporation  or  absorption  of 
moisture  by  means  of  cap/,  shown  in  figure  7. 

Figure  9  shows  a  third  picnometer  used  at  the 
National  Bureau  of  Standards.  The  essential 
features  are  tube  E  extending  nearly  to  the  lower 
end  of  the  picnometer,  tube  D  extending  up 
through  the  bottom  of  reservoir  7,  funnel  G,  and 
the  attachment  F  provided  with  a  stopcock.  In 
filling  the  picnometer  the  liquid  is  placed  in  funnel 
G  and  drawn  in  through  E  by  exhausting  the  air 
through  F.  By  this  procedure  much  time  is 
saved  in  filling  the  picnometer,  and  the  method  is 
equally  efficient  in  emptying  and  cleaning  the 
picnometer  when  it  is  desired  to  introduce  another 
liquid  sample.  When  the  filling  is  completed, 
F  and  G  are  replaced  by  caps  A  and  B,  all  parts 
being  provided  with  well-fitting  ground  joints. 
The  picnometer  is  then  placed  in  the  temperature- 
control  bath  and  brought  to  the  desired  tempera¬ 
ture  which  is  recorded.  The  quantity  of  liquid 
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in  the  picnometer  is  so  adjusted  that  when  tem¬ 
perature  equilibrium  lias  been  established  the 
liquid  surface  is  just  flush  with  the  tips  of  the 
capillary  tubes  C  and  D.  The  excess  liquid  in 
reservoir  /  is  removed  and  its  interior  carefully 
cleaned  with  the  aid  of  a  pipette  and  filter  paper. 
The  picnometer  is  removed  from  the  bath,  and  the 
instrument  and  its  contents  are  allowed  to  come 
to  room  temperature.  The  picnometer  is  dried 
and  then  weighed.  From  the  previously  de¬ 
termined  mass,  internal  volume,  and  external, 
volume  of  the  picnometer,  and  the  data  obtained 
for  a  liquid  sample  at  a  given  temperature,  it  is 
possible  to  calculate  the  density  of  the  liquid 
from  the  equation 


w 


nL 


( 1~£)  +  pV~P  M 
~  V i  Vt 


(5) 


where  D,  is  the  density  of  liquid  sample  at  temper¬ 
ature  t,  w  is  the  apparent  mass  of  picnometer 


filled  with  liquid  sample  at  temperature  t,  p  is  the 
density  of  air,  dw  is  the  density  of  weights  (8.4  is 
usually  assumed  for  brass  weights),  v  is  the  ex¬ 
ternal  volume  of  picnometer,  P  is  the  mass  of 
empty  picnometer,  V t  is  the  internal  volume  of 
picnometer  at  temperature  t,  and  M  is  the  mass 
of  liquid  sample  contained  in  picnometer. 

With  the  picnometers  described  it  is  possible 
to  obtain  densities  of  liquids  that  are  accurate  to 
within  1  unit  in  the  fifth  decimal  place. 

Shedlovsky  and  Brown  [15],  Robertson  [18], 
and  Wibaut,  Hoog,  Langedijk,  Overhoff,  and 
Smittenberg  [19]  described  a  picnometer  with  two 
graduated  capillary  tubes  of  uniform  bore,  as 
indicated  in  figure  10.  With  this  graduated  pic¬ 
nometer  it  is  possible  to  make  a  density  determi¬ 
nation  of  a  liquid  comparatively  quickly  for  once 
the  picnometer  is  accurately  calibrated  the  vol¬ 
ume  of  the  liquid  sample  need  only  be  adjusted 
sufficiently  closely  to  bring  the  liquid  levels  some¬ 
where  within  the  graduated  regions  of  the  capillary 
tubes  at  the  temperature  in  question.  After 
weighing,  the  picnometer  is  suspended  in  a  con¬ 
stant-temperature  bath  provided  with  a  side 
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window  through  which  the  meniscus  levels  can  be 
read  with  the  aid  of  a  lens.  The  volume  of  the 
liquid  corresponding  to  the  known  weight  is  thus 
determined.  This  picnometer  has  several  obvious 
advantages  over  the  Sprengel  type  of  picnometer 
that  is  commonly  used.  Besides  being  more  rapid 
and  simpler  to  use,  it  avoids  two  likely  sources  of 
error  in  the  Sprengel  type,  namely,  possible  varia¬ 
tions  in  the  liquid  level  at  the  tip  and  of  the 
temperature  in  the  process  of  withdrawing  the 
liquid  when  bringing  the  meniscus  to  the  reference 
mark. 

Washburn  and  Smith  [16]  used  a  differential 
picnometer  method  for  determining  differences  in 
density  of  water  with  a  precision  of  1  part  in  1 
million.  Two  f used-quartz  picnomet.ers  very  close¬ 
ly  the  same  in  size  and  weight,  and  of  the  shape 
shown  in  figure  11,  were  used.  The  capillary  stem 
of  each  picnometer  had  a  reference  mark  less  than 
0.01  cm  in  thickness,  made  with  a  diamond  point, 
and  the  volume  per  unit  length  of  the  capillary 
was  determined  with  an  accuracy  of  0.1  percent  by 
calibration  with  mercury.  The  volume  of  each 
picnometer  up  to  the  reference  mark  was  deter¬ 
mined  with  an  accuracy  of  0.1  percent  by  weighing 
empty,  filling  with  distilled  water  to  any  suitable 
height  in  the  capillary,  as  read  with  a  cathetometer 
while  the  picnometer  was  in  a  constant  tempera¬ 
ture  bath,  again  weighing,  and  applying  a  correc¬ 
tion  for  the  volume  of  water  in  the  capillary  above 
the  mark. 

In  making  a  measurement  of  the  difference  in 
density  between  a  given  sample  of  water  and 
normal  water,  the  first  picnometer  was  filled  with 
normal  water  and  the  second  with  the  sample  to 
any  suitable  heights  in  the  capillaries.  The 
filling  was  conveniently  done  with  a  fine  silver 
capillary  and  the  aid  of  a  low  vacuum  line,  as 


A 


Figure  11.  Fused-quartz  picnometer  ( Washburn  and 

Smith). 


Figure  12.  Device  for  filling  picnometer  (Washburn  and 
Smith). 


illustrated  in  figure  12.  The  picnometers  were 
then  placed  side  by  side,  with  their  ground  stop¬ 
pers  loosely  in  place,  in  a  constant  temperature 
bath  containing  distilled  water  and  having  front 
and  back  of  plate  glass.  After  thermal  equili¬ 
brium  was  attained,  the  height  of  the  meniscus 
above  the  reference  mark  in  each  capillary  was 
read  with  the  cathetometer.  The  picnometers 
were  next  taken  out  of  the  bath,  wiped  dry, 
placed  on  opposite  pans  of  a  balance  with  their 
stoppers  tightened  in  place,  and  the  difference  in 
their  weights  was  determined.  After  the  weigh¬ 
ing,  they  were  emptied  and  refilled  so  that  the  first 
picnometer  then  contained  the  sample  water  and 
the  second  contained  normal  water.  Again  they 
were  placed  in  the  bath  in  the  same  positions  as 
before  and  the  capillary  heights  recorded.  They 
were  again  taken  out,  dried,  placed  on  the  same 
balance  pans  and  the  second  difference  in  weight 
determined.  The  expression  for  the  difference  in 
density  is  obtained  as  follows: 

Let 

P[= weight  of  picnometer  1 
P2= weight  of  picnometer  2 
T7!  =  volume  of  picnometer  1  to  the  reference 
mark 

V2  =  volume  of  picnometer  2  to  the  reference 
mark 

D  =  density  of  sample  investigated 
D0=  density  of  normal  water. 

AT7],  AF",  AV2,  AT72=volume  of  water  above 
the  reference  mark  in  the  capillary  of  picnometer 
1  in  the  first  and  second  fillings  and  picnometer  2 
in  the  first  and  second  fillings,  respectively. 

mi  =  difference  in  masses  after  the  first  filling 
m2— difference  in  masses  after  the  second 
filling. 
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If  pichometer  1  is  always  placed  on  the  right- 

hand  pan  of  the  balance, 

P2  +  V2D+AV2D  =  Pl+V1D0+A\  xDo-^-nii  (6) 
P2Jr  VoD0-\-  AVID0=  ~b  Fi-D+AF  lDJrm2.  (7) 

Subtracting  eq  7  from  eq  6  and  rearranging 
gives 

( F,  +  V2)  (D  —  D0)  =  (m !  —  ra2)  +  ( A  V [D0  —  A  V'[D )  — 
(AV2D-AV:D0).  (8) 

As  this  method  is  used  only  for  the  measure¬ 
ment  of  small  differences  in  density,  where 
D  — D0<f0.001  g/ml,  eq  8  may  be  written  as 

D-D0= 

(my —  m2)  +  D0[  (A  V[  —  A  V'[)  —  (A  V'2 — A  FJ)  ]  tns 

fx+f2  ■  w 

A  bulb  volume  of  about  50  ml  and  a  capillary 
diameter  of  about  0.1  cm  were  found  suitable. 
For  a  precision  in  D—D0  of  1  part  in  1  million 
with  picnometers  of  this  size,  a  convenient  dis¬ 
tribution  of  precision  in  the  measurements  is: 

1.  The  temperature  of  the  stirred  water  in  the 
bath  is  held  constant  to  within  0.01  deg  C,  be¬ 
cause  with  extreme  fluctuations  of  the  bath 
temperature  less  than  0.01  deg,  the  lag  in  the  pic¬ 
nometers  is  sufficient  to  maintain  them  constant 
to  within  0.002  deg  C. 

2.  The  capillary  heights  are  read  to  0.001  cm. 

3.  The  weighings  are  made  to  0.03  mg. 

It  is  advantageous  to  adjust  the  capillary 
heights  to  make  the  correction  (AV[  —  AV'[)— ■ 
(AV'2—  AVI)  small  and  thus  avoid  the  necessity 
for  a  very  precise  calibration  of  the  capillaries. 
It  is  to  be  noted  that: 

1.  The  dry  weights  of  the  picnometers  are  not 
required. 

2.  The  two  picnometers  should  be  so  closely 
alike  that  effects  of  varying  humidity  are  bal¬ 
anced. 

3.  The  temperature  of  the  water  in  the  pic¬ 
nometers  should  be  constant  and  uniform. 

4.  The  effect  of  barometric  and  hydrostatic 
pressure  on  the  capillary  heights  is  balanced. 

5.  The  (negligible)  evaporation  past  the  ground- 
glass  stoppers  is  balanced. 

6.  The  fused-quartz  bulbs  should  show  no 
measurable  temperature  hysteresis  over  the  tem¬ 
perature  range  involved. 

7.  The  small  effect  of  dissolved  air  is  balanced 
and  it  is  not  necessary  to  prepare  air-free  water. 

8.  The  correction  for  air  buoyancy  affects  only 
the  difference  of  the  differences,  (AF[— AF")  — 
(AF2 — AV^),  in  the  capillary  volumes  and  with 
proper  adjustment  of  the  heights  is  negligible. 

The  earliest  micromethods  for  determinations 
of  densities  of  liquids  are  based  on  the  use  of  small 
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picnometers.  Capillary  tubes  are  used  as  con¬ 
tainers  for  small  amounts  of  liquid  samples,  but 
these  tubes  have  the  disadvantage  of  being 
fragile.  Micropicnometers  of  the  pipette  type 
are  the  most  practical. 

Alber  [20]  described  the  two  types  of  micro¬ 
picnometers  shown  in  figure  13.  One  type  of 
micro picnometer  (fig.  13,  a)  holds  a  definite  vol¬ 
ume,  0.1  ml,  and  is  used  in  decigram  procedures. 
The  other  type  (fig.  13,  b)  serves  for  the  meas¬ 
urement  of  varying  volumes  according  to  the 
amount  of  sample  available  and  is  recommended 
in  two  sizes — as  a  centigram  pipette  for  volumes 
from  20  to  80  mm3,  and  as  a  milligram  pipette 
for  volumes  from  6  to  16  mm3.  The  micropic- 


Figure  13.  Two  types  of  micropicnometers  (Alber). 

a,  Decigram  pipette,  volume  100  mm3;  b,  centigram  pipette  if  bore=l  mm, 
volume  20  to  80  mm3;  milligram  pipette  if  bore =0.5  mm,  volume  6  to  16  mm3. 
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nometers  are  equipped  with  caps,  rubber  tubing, 
a  mouthpiece  filled  with  some  drying  agent,  and 
a  counterpoise  of  approximately  the  same  .shape 
and  surface  (glass  rods).  Furter  [21]  described 
a  technique  for  using  a  graduated  pipette  micro- 
picnometer  for  determinations  of  the  densities  of 
liquids  at  temperatures  up  to  300°  C. 

Other  forms  of  picnometers  or  modifications 
of  those  indicated  in  this  section  have  been 
described  by  Lipkin,  Davison,  Harvey  and  Kurtz 
[22],  Newkirk  [23],  Hall  [24],  Parker  and  Parker 
[25],  Scott  and  Frazier  [26],  Snyder  and  Hammond 
[27],  Smith  [28],  Hennion  [29],  and  Fontana  and 
Calvin  [30].  It  has  Teen  claimed  that  the  most 
accurate  measurements  by  the  picnometer  method 
attain  a  precision  of  about  1  part  in  a  million. 

(b)  Solids 

The  picnometer  method  described  for  liquids 
may  be  used  in  a  similar  manner  for  determina¬ 
tions  of  the  densities  of  solid  substances  such  as 
powders,  crystals,  or  other  solids.  For  some  mate¬ 
rials,  appreciable  errors  may  be  introduced  by  the 
expulsion  and  solution  of  air  and  moisture  by  the 
picnometer  liquid  and  the  adsorption  of  the  pic¬ 
nometer  liquid  on  the  surfaces  of  the  materials. 
The  choice  of  a  picnometer  liquid  depends  on  the 
nature  of  the  solid  to  be  investigated.  A  satis¬ 
factory  picnometer  liquid  should  have  a  high 
degree  of  wetting  power,  that  is,  ability  to  expel 
air.  The  liquid  should  not  combine  with  or  be 
adsorbed  on  the  surface  of  the  solid  and  should  not 
dissociate  or  polymerize  during  use. 

The  density  of  a  solid  may  be  computed  from 
the  equation 

D=sS+P+Vd-W’  (10) 


where  D  is  the  density  of  solid,  d  is  the  density  of 
picnometer  liquid,  S  is  the  weight  of  solid,  P  is  the 
weight  of  dry,  empty  picnometer,  V  is  the  internal 
volume  of  picnometer,  and  W  is  the  total  weight  of 
picnometer,  solid,  and  liquid  necessary  to  fill  the 
picnometer. 

With  a  given  picnometer  and  a  liquid  of  known 
density,  eq  10  becomes 


D 


dS 

S+k-W’ 


(11) 


where  k  equals  P+Fd.  With  this  equation  it  is 
only  necessary  to  determine  the  weight  of  the 
solid  and  the  total  weight  of  the  picnometer,  solid, 
and  liquid  required  to  fill  the  picnometer. 

Figure  14  shows  2  small  picnometers  used  by 
Russell  [31]  with  a  centrifuge.  The  stoppers, 
which  can  be  made  from  thick-walled  capillary  of 
0.5-  to  1-mm  bore,  should  be  very  carefully  ground 
in,  so  that  the  picnometer  volume  will  be  very 
accurately  and  reproducibly  defined.  A  fine  line 


encircles  the  capillary  stopper  in  order  to  aid  in 
defining  the  picnometer  volume.  The  picnometer 
is  covered  by  a  cap  with  a  ground-glass  joint  to 
prevent  any  slight  evaporation  of  the  picnometer 
liquid.  The  volume  of  the  picnometer  is  deter¬ 
mined  at  the  temperatures  of  use,  which  in  any 
case  should  be  above  the  highest  balance  room 
temperature  that  will  be  encountered.  This  pre¬ 
caution  prevents  the  picnometer  from  overflowing 
and  causing  a  loss  of  liquid. 

Baxter  and  Wallace  [32]  used  a  25-ml  graduated 
flask,  the  neck  of  which  was  constricted  to  about 
2.5  mm  in  diameter.  For  determinations  of 
densities  of  halogen  salts  of  sodium,  potassium, 
rubidium  and  cesium,  they  used  toluene  for  the 
picnometer  liquid.  They  secured  an  accuracy  in 
setting  of  about  0.3  mg  of  toluene.  The  neck  of 
the  flask  was  dried  before  the  meniscus  was  set. 
Before  weighing,  the  outside  of  the  flask  was 
washed  with  a  dilute  solution  of  ammonia,  wiped 
with  a  clean,  slightly  damp,  cotton  cloth  and  was 
allowed  to  stand  in  the  balance  room  for  at  least 
one  hour. 

Nutting  [33]  stated  that  tetrahydronaphthalene 
(“tetralin”),  dichloroethyl  ether  (“chlorex”),  tetra- 
chloroethane,  and  the  mono-,  di-  and  trichloro¬ 
benzenes  are  quite  satisfactory  for  picnometer 
liquids  in  determinations  of  densities  of  clays  and 
soils.  These  liquids  are  but  slightly  adsorbed  on 
soil  grains,  decompose  or  polymerize  very  little 
in  use,  disturb  existing  hydrates  very  slightly  if 
at  all,  have  low  vapor  pressures,  moderate  densi¬ 
ties,  and  moderate  coefficients  of  expansion. 


Figure  14.  Picnometers  for  solids  (Russell). 

A,  Small  picnometer,  volume  about  1  ml;  B,  larger  picnometer,  volume 
about  3  ml. 
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With  the  apparatus  shown  in  figure  15,  Gooden 
[34]  succeeded  in  removing  air  smoothly  from  fine 
powder  immersed  in  the  liquid  of  a  picnometer, 
by  controlled  agitation  while  the  sample  is  under 
vacuum.  The  source  of  agitation  is  a  vibrator, 
V,  of  the  type  used  for  massaging  the  face  and 
scalp.  A  special  head,  H,  which  holds  the  pic¬ 
nometer  flask,  F,  is  used  instead  of  the  original 
vibrator  head.  This  special  head  consists  of  a 
one-hole  rubber  stopper  in  which  three  nails  are 
inserted  at  a  slight  angle  to  grasp  the  body  of  the 
flask.  The  vibrator  is  mounted  head  upward  on 
a  heavy  base,  B ,  which  rests  on  a  thick  rubber 
sheet,  G,  covering  the  top  of  a  wooden  block,  W. 
The  rubber  sheet  serves  as  a  gasket  between  the 
block  and  a  vacuum  bell  jar,  J,  which  covers  that 
part  of  the  apparatus  so  far  described.  One  or 
more  air  holes,  A,  cut  in  the  gasket,  prevent  the 
central  portion  from  being  lifted  when  the  jar 
is  evacuated.  A  round-bodied  electric  lamp  cord 
is  run  from  the  vibrator  down  through  the  gasket 
into  the  block  and  out  at  one  side,  the  passage 
through  the  wood  being  bushed  airtight  with  a 
rubber  stopper,  S.  A  coupling,  C,  between  the 
vibrator  and  the  gasket  may  be  inserted  for  con¬ 
venience  in  handling. 

The  following  procedure  is  used  by  Gooden  for 
adjustment  of  the  vibration  intensity  and  of  the 
pressure  reduction:  The  apparatus  is  plugged  into 
a  continuously  variable  transformer,  T,  with 
voltage  range  from  0  to  about  115.  The  rubber 
tube  from  the  bell  jar  to  a  vacuum  line  lias  a 
branch  connected  to  a  manometer,  M,  and 
another  branch  left  open  at  the  end,  E.  The 


Figure  15.  Apparatus  for  removal  of  air  from  samples  of 
powder  in  picnometer  liquid  {Gooden). 
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operator  controls  vibration  and  vacuum  with  one 
hand  on  the  adjusting  knob  of  the  transformer 
and  the  index  finger  of  the  other  hand  resting 
lightly  over  the  tube  end,  E.  If  it  is  desired  to 
maintain  a  particular  adjustment  for  some  time 
without  attention,  the  transformer  may  be  set 
for  the  necessary  voltage  and  the  vacuum  kept 
fairly  constant  by  leakage  through  a  screw  pinch- 
cock,  P.  If  the  maximum  vacuum  is  desired, 
the  end  of  a  cork  stopper  may  be  left  resting 
against  E. 

Continuous  but  not  violent  bubbling  until  the 
amount  of  air  remaining  does  not  sensibly  affect 
the  volume  of  the  sample,  is  recommended.  A 
test-  for  completeness  of  air  removal  is  to  observe 
whether  the  height  of  the  liquid  in  the  picnometer 
changes  on  application  or  removal  of  vacuum. 
If  the  last  significant  traces  of  air  are  persistent, 
two  methods  may  be  used  for  hastening  their  re¬ 
moval.  One  method  is  to  stir  the  sample  with 
a  stiff  wire  rod,  B,  extending  through  a  flexible 
rubber  stopper  in  the  top  of  the  bell  jar.  Another 
method,  which  is  more  convenient,  is  to  jerk  the 
flask  repeatedly  by  jiggling  the  electric  plug  that 
connects  the  transformer  to  the  electric  outlet. 

3.  Flotation  Method 

The  flotation  method  of  determining  the  densi¬ 
ties  of  materials  may  be  considered  as  a  develop¬ 
ment  or  modification  of  the  hydrostatic  weighing 
method.  In  the  flotation  method  the  object 
floats  in  the  liquid  and  no  suspension  thread  or 
wire  is  required.  Retgers  [35]  used  this  method 
by  mixing  two  liquids  until  he  obtained  a  mixture 
in  which  a  submerged  solid  body  floated.  The 
density  of  the  solid  body  is  the  same  as  the  density 
of  the  mixture  which  could  be  determined  later  by 
another  method. 

Pisati  and  Reggiani  [36]  were  among  the  earliest 
investigators  to  use  the  flotation  method  for 
determinations  of  the  density  of  liquids. 

Figure  16  shows  the  float  used  by  Warrington 
[37]  for  determinations  of  the  densities  of  liquids. 
By  slipping  small  ring-shaped  platinum  weights 
over  the  submerged  stem,  the  density  of  the  float 
may  be  made  to  approximate  tha|  of  the  liquid 
sample.  The  temperature  is  then  allowed  to 
change  very  slowly  until  a  temperature  is  reached 
at  which  the  float  neither  sinks  nor  rises. 

The  float-  used  by  Warrington  for  determinations 
of  the  densities  of  solids,  is  indicated  in  figure  17. 
He  made  determinations  with  the  float  in  water, 
first  with  the  float  loaded  with  mercury  alone,  and 
then  with  the  float  loaded  with  the  solid  and 
mercury.  The  mercury  and  the  solid  were  in 
contact  with  the  water.  The  density  of  the  solid 
may  be  computed  from  the  following  equation: 

j  dMdw\\  $  /,0\ 

ds~  WsdM+  (WM—  WM>)  (dw-dM)  ’  u 
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where  ds  is  the  density  of  the  solid,  dM  is  the 
density  of  mercury,  dw  is  the  density  of  water, 
Ws  the  weight  of  solid  in  vacuum,  WM  the  weight 
of  mercury  required  to  bring  the  float  to  floating 
equilibrium,  and  Ws-\-WM'  is  the  sum  of  weights 
of  solid  and  mercury  required  to  bring  float  to 
floating  equilibrium.  Warrington  claimed  an 
accuracy  of  1  part  in  100,000  for  densities  of 
solids,  and  1  part  in  a  million  for  liquids. 

Richards  and  Shipley  [38,  39]  and  Richards  and 
Harris  [40]  used  small  floats  (not  exceeding  5  ml 
volume)  of  fused  quartz,  Jena  glass,  and  soft  glass, 
shaped  like  a  buoy  or  a  fish,  as  illustrated  in 
figure  18.  Aging  of  the  floats  before  calibration 
and  use  was  found  to  be  important.  They  found 
that  such  floats  are  easily  changed  from  sinking  to 
rising  in  aqueous  solutions  by  a  fall  in  temperature 
of  0.001  deg  C  near  the  temperature  of  floating  equi¬ 
librium.  Their  method  depends  upon  noting  the 
precise  temperature  at  which  the  liquid  sample 
attains  the  same  density  as  a  given,  previously 
calibrated  float.  This  equality  of  density  is  indi¬ 
cated  when  floating  equilibrium  is  attained,  that 
is,  when  the  entirely  immersed  float  neither  rises 
nor  sinks  in  the  liquid.  Data  of  a  single  deter¬ 
mination  from  Richards  and  Shipley  [38]  in  table  3, 
indicate  that  the  temperature  of  floating  equi¬ 
librium  can  be  determined  within  0.001  deg  C. 

Richards  and  Shipley  used  a  thermostat  capable 
of  maintaining  a  constant  temperature  within 


Figure  16.  Float  for  determination  of  density  of  liquids, 
one-half  size  (Warrington) . 


0.001  deg  C  and  of  easily  changing  this  temper¬ 
ature.  The  liquid  sample  is  placed  in  a  flask, 
immersed  in  a  stirred  constant  temperature  bath. 
The  float  within  the  flask  is  viewed  by  reflection  in  a 
small  inclined  mirror  beneath  the  water  of  the 
bath.  Care  must  be  taken  to  prevent  air  bubbles 
from  attaching  themselves  to  the  float. 


Figure  17.  Float  for  determination  of  density  of  solids, 
one-half  size  (Warrington) . 


Figure  18.  Float  for  determination  of  density  of  liquids 
(Richards  and  Shipley). 
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Table  3.  Movement  of  float  near  temperature  of  floating 
equilibrium  ( Richards  and  Shipley.) 


Tempera¬ 

ture 

Movement 
of  float 

Tempera¬ 

ture 

Movement 
of  float 

0  C 
15.394 

Sinking. 

°  C 

15. 390 

Rising. 

15. 390 

Rising. 

15. 391 

Sinking. 

15.392 

Sinking. 

Figure  19  shows  the  float  used  by  Lamb  and 
Lee  [41]  for  determinations  of  densities  of  aqueous 
solutions.  A  piece  of  soft  iron  is  enclosed  in  the 
bulb  of  the  float.  By  means  of  an  electric  current 
through  an  external  circuit,  an  electromagnetic 
attraction  is  exerted  upon  the  bulb  in  a  vertical 
direction,  in  order  to  obviate  the  difficulty  of 
varying  the  buoyancy  of  the  float  by  small 
amounts.  Lamb  and  Lee  claimed  an  accuracy  of 
several  units  in  the  seventh  decimal  place. 

A  fused-quartz  float  with  a  cobalt-steel  per¬ 
manent  magnet  sealed  in  the  bottom  of  the  float 
was  used  by  Hall  and  Jones  [42].  By  slowly 
reducing  the  current  through  a  coil  the  voltage 
was  found  which  just  prevented  the  float  from 
rising  in  the  liquid  sample. 

Richards  and  Shipley  varied  the  temperature 
of  the  liquid  sample  and  Lamb  and  Lee  used  a 
magnetic  control  in  order  to  obtain  floating 
equilibrium  in  their  determinations  of  densities 
of  liquids.  Gilfillan  [43]  held  the  temperature  of 
the  liquid  sample  constant  at  0°  C  and  altered 
the  buoyancy  of  the  float  by  varying  the  hydro¬ 
static  pressure.  Measurements  are  made  in  test 
tubes  connected  to  a  pump  and  manometer  system 
by  means  of  ground  joints.  The  tubes  are  kept 


Figure  19.  Float  for  determination  of  density  of  liquids 
( Lamb  and  Lee). 


Density  of  Solids  mid  Liquids 


immersed  in  a  thermostat  at  0°  C  and  the  move¬ 
ment  of  the  Pyrex-glass  float  weighted  with  mer¬ 
cury,  is  observed  through  a  double-walled  evacu¬ 
ated  window  by  means  of  a  telescope. 

For  determinations  of  the  density  of  small 
crystals,  Bernal  and  Crowfoot  [44]  applied  the 
centrifuge  in  the  flotation  method.  A  small  quan¬ 
tity  of  the  substance  (about  0.05  mg  or  less)  is 
placed  in  a  suitable  liquid  contained  in  a  small 
test  tube.  Air  bubbles  are  removed  from  the 
crystals  and  liquid  by  evacuation  in  a  vacuum 
desiccator.  The  test  tube  is  then  placed  in  a 
centrifuge  and  spun  for  several  minutes  at  a 
speed  of  2,000  to  4,000  revolutions  per  minute. 
A  heavier  or  lighter  liquid  is  added  to  the  tube, 
according  to  whether  the  crystals  sink  or  rise. 
The  process  is  repeated  until  the  submerged  crys¬ 
tals  float  in  the  liquid.  The  density  of  the  crys¬ 
tals  is  then  equal  to  the  density  of  the  liquid, 
which  can  be  determined  by  any  of  the  known 
methods. 

Tagoda  [45]  published  a  list  of  organic  liquids 
and  solutions  of  inorganic  salts  that  have  been 
used  in  density  determinations  by  the  flotation 
method.  This  list  is  given  in  table  4.  In  adding 
one  liquid  to  another,  it  is  necessary  to  choose 
liquids  that  are  miscible  and  in  which  the  solid 
sample  is  not  soluble  or  is  only  slightly  soluble. 
The  liquids  should  preferably  be  colorless  or 
lightly  colored,  mobile,  and  not  highly  volatile. 


Table  4.  Liquids  used  for  determinations  of  density  by 
flotation  method  ( Yagoda ) 


Liquid 

Specific 
gravity  a 

ORGANIC  LIQUIDS 

Toluene .  . . . 

0.866 

Benzene . . . . .  . .. 

.879 

Carbon  bisulfide .  . .  .  . 

1.26 

Carbon  tetrachloride...  .  _  _  . 

1.58 

Ethyl  iodide.  ....  _ _  ...  _ _ _ 

1.94 

Ethylene  bromide _ _  ... 

2. 19 

Methylene  bromide . . . .  .. 

2.50 

Bromoform _  .  . . . 

2.  88 

Acetylenetetrabromide . .  . . 

2.  97 

Methylene  iodide  ...  ..  .  . . 

3.33 

SATURATED  AQUEOUS  INORGANIC  SALT  SOLUTIONS 

Thoulet’s  solution  *>_  _.  _  _  ..  _  _. 

3.2 

Cadmium  borotungstate  _  _ _  ..  _  .. 

3.  28 

Cobalt  horotuncstate . .  ..  .  _ _ 

3.  34 

Rohrbach’s  solution  c _ 

3.5 

Thallium  formate  at  20° _ ...  . .  .  _ 

3.  40 

Thallium  formate  at  50° _ _ _ _ _ 

4.  11 

Thallium  formate  at  90  . 

4.  76 

a  Temperature  not  indicated. 

b  Contains  potassium  and  mercuric  iodides  in  the  molecular  ratio  of  2:1 
(1  part  of  KI  and  1.3  parts  of  HgL  by  weight):  the  salts  combining  in  solution 
to  form  the  complex  KjHgL.  By  boiling  off  the  excess  water  until  a  fragment 
of  fluorite  is  floated  on  the  surface,  a  pale  amber-colored  solution  results, 
with  a  specific  gravity  of  about  3.2  at  room  temperature. 

» Is  an  analogous  complex  of  barium  mercuric  iodide  (see  footnote  b). 

A  procedure  for  the  preparation  of  a  set  of  floats 
for  use  as  indicators  for  determining  the  densities 
of  liquid  or  solid  samples  of  materials,  has  been 
described  by  Blank  [46].  These  floats  prepared 
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from  glass  tubing  (1 ){  cm  in  length  and  1  cm  in 
diameter)  and  lead  foil,  may  be  used  for  densities 
from  about  1  to  11. 

Emeleus  and  coworkers  [47]  considered  fused 
quartz  as  the  ideal  material  for  floats  because  of 
its  small  thermal  expansion,  great  elasticity,  me¬ 
chanical  strength,  permanence  and  insolubility. 
They  found  that  a  slim  cylindrical  float  is  better 
than  a  fish-like  form,  for  the  movement  of  the 
former  responds  more  rapidly  and  certainly  to 
small  differences  in  the  density  of  a  liquid.  Their 
floats  were  about  75  mm  long  and  4  mm  in  diam¬ 
eter  and  had  a  ring  at  the  top  so  that  they  could 
be  handled  conveniently  by  means  of  a  glass  hook. 

Additional  information  about  the  flotation 
method  is  given  by  Lewis  and  MacDonald  [48], 
Randall  and  Longtin  [49],  Johnston  and  Hutchison 
[50],  and  Hutchison  and  Johnston  [51].  Randall 
and  Longtin  described  a  microfloat  of  Pvrex  glass 
for  determinations  of  the  density  of  very  small 
samples  of  water,  as  small  as  0.1  ml.  They  made 
floats  about  the  size  of  a  grain  of  wheat. 

4.  Hydrometer  Method 

The  hydrometer  consists  of  a  graduated  cylin¬ 
drical  stem  and  a  bulb  weighted  with  mercury  or 
lead.  For  a  determination  of  the  density  or  spe¬ 
cific  gravity  of  a  liquid  by  this  method,  it  is 
necessary  to  use  a  suitable  hydrometer  that  will 
sink  in  the  liquid  to  such  position  that  a  part  of 
the  graduated  stem  extends  above  the  surface  of 
the  liquid. 

Some  hydrometers  (thermohydrometers)  have  a 
thermometer  in  the  stem  to  indicate  the  tempera¬ 
ture  of  the  liquid.  If  the  thermometer  is  not 
made  as  a  part  of  the  hydrometer,  the  thermometer 
should  be  so  placed  that  the  bulb  can  assume  the 
temperature  of  the  liquid,  and  as  much  of  the 
mercury  column  as  is  feasible  should  be  immersed. 
This  is  important,  especially  if  the  temperature 
of  the  liquid  differs  greatly  from  that  of  the  sur¬ 
rounding  air.  In  reading  the  thermometer  accur¬ 
ately,  care  must  be  taken  that  the  line  of  sight  is 
perpendicular  to  the  thermometer  scale  in  order 
to  avoid  parallax.  The  temperature  of  a  liquid 
should  be  read  to  a  degree  of  accuracy  that  is 
comparable  with  the  accuracy  of  the  determina¬ 
tion  of  the  density  of  the  liquid. 

Hydrometers  should  be  made  of  smooth,  trans¬ 
parent  glass  without  bubbles,  striae,  or  other  im¬ 
perfections.  The  glass  should  be  of  a  kind  that 
adequately  resists  the  action  of  chemical  reagents 
and  also  possesses  suitable  thermal  qualities,  such 
as  would  adapt  it  to  use  for  thermometers. 

Each  section  of  a  hydrometer  perpendicular  to 
its  axis  should  be  circular.  The  stem  should  be 
uniform  in  cross  section  and  no  irregularities 
should  be  perceptible.  The  outer  surface  should 
be  symmetrical  about  a  vertical  axis.  There 
should  be  no  unnecessary  thickening  of  the  glass 
walls  and  no  abrupt  constrictions  which  would 


hinder  convenient  cleaning.  The  capillary  stem 
of  a  thermohydrometer  should  be  parallel  to  the 
axis  and  should  extend  at  least  10  mm  above  the 
scale.  It  should  contain  an  enlargement  that 
will  permit  heating  to  120°  C. 

Before  graduation  and  adjustment  all  hydrom¬ 
eters  should  be  thoroughly  annealed. 

Material  used  for  ballast  should  be  confined  to 
the  bottom  of  the  instrument,  and  no  loose 
material  of  any  sort  should  be  inside  a  hydrometer. 
The  disposition  of  the  weight  should  be  such  that 
the  hydrometer  will  always  float  with  its  axis 
vertical. 

Only  the  best  quality  of  paper  should  be  used 
for  scales  and  designating  labels  inside  the  hydrom¬ 
eter.  The  paper  usually  known  as  first-class 
ledger  paper  is  suitable  for  this  purpose.  The 
scales  and  labels  should  be  securely  fastened  in 
place  by  some  material  which  does  not  soften  at 
the  highest  temperature  to  which  the  hydrometer 
will  be  exposed  in  use. and  which  does  not  de¬ 
teriorate  with  time.  The  scale  should  be  straight 
and  without  twist. 

The  hydrometer  should  be  perfectly  dry  on  the 
inside  when  sealed.  Thermometer  bulbs  and 
capillary  tubes  should  be  free  from  air. 

The  hydrometer  stem  should  extend  above  the 
top  of  the  scale  at  least  1.5  cm  and  below  the  scale 
should  continue  cylindrical  for  at  least  3  mm. 
The  thermometer  scale  should  not  extend  beyond 
the  cylindrical  portion  of  the  containing  tube  nor 
beyond  the  straight  portion  of  the  capillary.  It 
is  desirable  that  the  thermometer  scale  should 
include  the  ice  point  (0°  C). 

The  total  length  of  a  hydrometer  should  not 
exceed  45  cm  and  should  generally  be  much  less 
than  this  for  the  sake  of  convenience.  The  top 
of  the  stem  should  be  neatly  rounded,  but  not 
unnecessarily  thickened.  The  graduations  and 
inscriptions  should  be  in  permanent  black  ink, 
such  as  india  ink.  They  should  be  clear  and 
distinct. 

The  length  of  the  smallest  subdivisions  of  the 
scales  should,  in  general,  be  from  1  to  2  mm.  The 
division  lines  must  be  perpendicular  to  the  axis 
of  the  hydrometer;  that  is,  horizontal  when  the 
instrument  is  floating. 

The  lengths  of  division  and  subdivision  lines 
both  on  hydrometer  and  thermometer  scales 
should  be  so  chosen  as  to  facilitate  readings. 
Sufficient  lines  should  be  numbered  to  indicate 
clearly  the  reading  at  any  point.  The  numbers 
at  the  ends  of  the  scale  intervals  should  be  com¬ 
plete,  but  those  intermediate  may  be  abbreviated. 

The  division  lines  of  the  hydrometer  scale 
should  extend  at  least  one-fourth  around  the 
circumference  of  the  stem  and  be  adjacent  to  or 
intersect  a  line  parallel  to  the  axis  indicating  the 
front  of  the  scale.  The  division  lines  of  the 
thermometer  scale  should  extend  behind  and  on 
both  sides  of  the  capillary.  To  facilitate  readings 


679/18  Circulars  of  the  National  Bureau  of  Standards 


near  the  ends  of  the  hydrometer  scale  the  gradua¬ 
tions  should  be  continued  a  few  divisions  beyond 
the  ends  of  the  principal  interval. 

The  hydrometer  scale  for  density  indications 
should  be  divided  in  0.001,  0.0005,  0.0002,  or 
0.0001  unit  of  the  density.  For  percent  or  degree 
indications  the  hydrometer  scale  should  be  divided 
into  whole,  half,  fifth,  or  tenth  percents  or  degrees. 
The  thermometer  scale  should  be  divided  into 
whole  or  half  degrees. 

The  hydrometer  scale  or  a  suitable  special  label 
should  bear  an  inscription  that  indicates  un¬ 
equivocally  the  purpose  of  the  instrument.  This 
inscription  should  denote  the  liquid  for  which  the 
hydrometer  is  intended,  the  temperature  at  which 
it  is  to  be  used,  and  the  character  of  the  indication, 
including  definition  of  any  arbitrary  scale  em¬ 
ployed. 

Hydrometers  are  seldom  used  for  the  greatest 
accuracy,  as  the  usual  conditions  under  which 
they  are  used  preclude  such  special  manipulation 
and  exact,  observation  as  are  necessary  to  obtain 
high  precision.  It  is,  nevertheless,  important 
that  they  be  accurately  graduated  to  avoid,  as 
far  as  possible,  the  use  of  instrumental  corrections, 
and  to  obtain  this  result  it  is  necessary  to  employ 
certain  precautions  and  methods  in  standardizing 
these  instruments. 

The  methods  of  manipulation  described  below 
are,  in  general,  employed  at  the  National  Bureau 
of  Standards  in  testing  hydrometers  and  should  be 
followed  by  the  manufacturer  and  user  to  a  degree 
depending  on  the  accuracy  required. 

The  hydrometer  should  be  clean,  dry,  and  at 
the  temperature  of  the  liquid  before  immersing  to 
make  a  reading.  The  liquid  should  be  contained 
in  a  clear,  smooth  glass  vessel  of  suitable  size  and 
shape.  By  means  of  a  stirrer  which  reaches  to 
the  bottom  of  the  vessel,  the  liquid  should  be 
thoroughly  mixed.  The  hydrometer  is  slowly 
immersed  in  the  liquid  and  pushed  slightly  below 
the  point  where  it  floats  naturally  and  then  al¬ 
lowed  to  float  freely.  The  reading  on  the  gradu¬ 
ated  stem  should  not  be  made  until  the  liquid  and 
the  hydrometer  are  free  from  aif  bubbles  and  at 
rest. 

The  correct  method  of  reading  the  hydrometer 
is  illustrated  in-  figure  20.  The  eye  should  be 
placed  slightly  below  the  plane  of  the  surface  of 
the  liquid  (fig.  20,  A)  and  then  raised  slowly 
until  this  surface,  seen  as  an  ellipse,  becomes  a 
straight  line  (fig.  20,  B).  The  point  at  which  this 
line  cuts  the  graduated  stem  of  the  hydrometer 
should  be  taken  as  the  reading  of  the  instrument 
(fig.  20,  B).  The  reading  gives  the  density  or 
specific  gravity  directly  or  it  may  be  reduced  to 
density  or  specific  gravity  by  means  of  an  ac¬ 
companying  table. 

In  case  the  liquid  is  not  sufficiently  clear  to  allow 
the  reading  to  be  made  as  described,  it  is  necessary 
to  read  from  above  the  liquid  surface  (apparent 
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reading)  and  to  estimate  as  accurately  as  possible 
the  point  to  which  the  liquid  rises  on  the  hydrom¬ 
eter  stem.  As  the  hydrometer  is  calibrated  to 
give  correct  indications  when  read  at  the  principal 
surface  of  the  liquid,  it  is  necessary  to  correct  the 
apparent  reading  above  the  liquid  surface  by  an 
amount  equal  to  the  height  to  which  the  liquid 
creeps  up  on  the  stem  of  the  hydrometer.  The 
amount  of  this  correction  may  be  determined  with 
sufficient  accuracy  for  most  purposes  by  taking 
corresponding  readings  in  a  clear  liquid  and  noting 
the  difference. 

In  order  that  a  hydrometer  may  correctly  in¬ 
dicate  the  density  of  a  liquid,  it  is  essential  that 
the  liquid  be  uniform  throughout  and  at  the  tem¬ 
perature  at  which  the  hydrometer  was  calibrated. 

To  insure  uniformity  in  the  liquid,  stirring  is 
required  shortly  before  making  the  observation. 
This  stirring  should  be  complete  and  may  be  well 
accomplished  by  a  perforated  disk  or  spiral  at  the 
end  of  a  rod  long  enough  to  reach  the  bottom  of 
the  vessel  containing  the  liquid.  Motion  of  this 
stirrer  from  top  to  bottom  serves  to  disperse  layers 
of  the  liquid  of  different  density. 

The  liquid  should  be  at  nearly  the  temperature 
of  the  surrounding  atmosphere,  as  otherwise  its 
temperature  will  be  changing  during  the  observa¬ 
tion,  causing  not  only  differences  in  density  but 
also  doubt  as  to  the  actual  temperature.  When 


Figure  20.  Method  of  reading  hydrometer  ( NBS  Circular 

C410). 
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the  temperature  at  which  the  hydrometer  is  ob¬ 
served  differs  from  the  temperature  at  which  the 
hydrometer  was  calibrated,  the  reading  is  not  truly 
the  density  according  to  the  basis  of  the  hydrom¬ 
eter.  The  indicated  reading  differs  from  the 
normal  reading  by  an  amount  depending  on  the 
difference  in  temperature  and  on  the  relative 
thermal  expansion  of  the  hydrometer  and  the 
liquid.  Tables  of  corrections  may  be  prepared 
for  use  with  hydrometers  at  various  temperatures. 
Such  tables  should  be  used  with  caution,  and  only 
for  approximate  results  when  the  temperature 
differs  much  from  the  temperature  at  which  the 
hydrometer  was  calibrated  or  from  the  tempera¬ 
ture  of  the  surrounding  air. 

Effects  of  surface  tension  on  hydrometers  are 
a  consequence  of  the  downward  force  exerted  on 
the  stem  by  the  meniscus  or  curved  surface,  which 
rises  about  the  stem,  and  affects  the  depth  of  im¬ 
mersion  and  consequent  scale  reading.  Because 
a  hydrometer  will  indicate  differently  in  two  liquids 
having  the  same  density  but  different  surface  ten¬ 
sions,  and  since  surface  tension  is  a  specific  prop¬ 
erty  of  liquids,  it  is  necessary  to  specify  the  liquid 
for  which  a  hydrometer  is  intended.  Although 
hydrometers  of  equivalent  dimensions  may  be 
compared,  without  error,  in  a  liquid  differing  in 
surface  tension  from  the  specified  liquid,  compari¬ 
sons  of  dissimilar  hydrometers  in  such  a  liquid 
must  be  corrected  for  the  effect  of  the  surface 
tension. 

In  many  liquids  spontaneous  changes  in  surface 
tension  occur  due  to  the  formation  of  surface  films 
of  impurities,  which  may  come  from  the  liquid, 
the  vessel  containing  the  liquid,  or  the  air.  Errors 
from  this  cause  are  avoided  by  the  use  of  liquids 
not  subject  to  such  changes  or  by  the  purification 
of  the  surface  by  overflowing  immediately  before 
reading  the  hydrometer.  The  latter  method  is 
used  at  the  National  Bureau  of  Standards  for 
testing  hydrometers  in  sulfuric-acid  solutions  and 
alcohol  solutions,  and  is  accomplished  by  causing 
the  liquid  to  overflow  from  the  part  of  the  ap¬ 
paratus  in  which  the  hydrometer  is  immersed  by  a 
small  rotating  propeller  which  serves  also  to  stir 
the  liquid.  The  apparatus  is  shown  in  figures  21 
and  22. 

A  simpler  but  less  precise  apparatus  designed 
to  permit  renewal  of  the  surface  of  a  liquid  by 
overflowing,  is  shown  in  figure  23.  The  cylinder 
is  filled  nearly  to  the  spout  by  the  liquid,  the 
density  of  which  is  desired  or  in  which  hydrom¬ 
eters  are  to  be  compared.  The  hydrometer  is  then 
immersed  in  the  liquid  and  permitted  to  float 
freely  until  it  has  assumed  the  temperature  of  the 
liquid.  The  hydrometer  is  raised  to  permit  thor¬ 
ough  stirring  of  the  liquid  and  the  temperature  is 
observed.  From  a  beaker  containing  the  liquid 
at  the  same  temperature  a  sufficient  amount  is 
poured  into  the  funnel  to  cause  the  liquid  to  over¬ 
flow  and  run  out  the  spout,  where  it  is  caught  in 


a  convenient  vessel.  The  hydrometer  is  then  read. 
The  completeness  of  the  cleansing  of  the  surface 
of  the  liquid  may  be  tested  by  repeating  the  opera¬ 
tion.  The  readings  of  the  hydrometer  will  ap¬ 
proach  a  constant  value  as  the  surface  becomes 
normal. 

The  necessity  for  such  special  manipulation  is 
confined  to  the  reading  of  hydrometers  in  liquids 
which  are  subject  to  surface  contamination.  Such, 
in  general,  are  aqueous  solutions  or  mixtures  of 
acids,  alkalies,  salts,  sugar,  and  weak  alcoholic 
mixtures.  Oils,  alcoholic  mixtures  of  strength 
above  40  percent  by  volume,  and  other  liquids  of 
relatively  lowr  surface  tension  are  not,  in  general, 
liable  to  surface  contamination  sufficient  to  cause 
appreciable  changes  in  hydrometer  readings. 

The  accuracy  of  hydrometer  readings  depends, 
in  many  cases,  upon  the  cleanness  of  the  hydrom¬ 
eters  and  of  the  liquids  in  which  the  observations 
are  made.  In  order  that  readings  shall  be  uniform 
and  reproducible,  the  surface  of  the  hydrometers, 


Figure  21.  Section  of  hxjdrometer  comparator  ( Peffer  and 
Blair,  NBS  Circular  1+77). 

A,  Cylinder  containing  the  test  liquid;  B,  glass  tube  for  filling  and  empty¬ 
ing  A;  C,  siphon  for  removing  the  liquid  from  D  into  A;  E,  propeller  that 
stirs  the  liquid  and  raises  it  in  the  tube  F,  making  it  flow  through  G  into  A 
and  through  the  cross  tube  H,  into  D;  I,  hydrometer;  K,  thermometer. 
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and  especially  of  the  stem,  must  be  clean,  so  that 
the  liquid  will  rise  uniformly  and  merge  into  an 
imperceptible  film  on  the  stem.  The  readiness 
with  which  this  condition  is  fulfilled  depends  some¬ 
what  upon  the  character  of  the  liquid.  Certain 
liquids,  such  as  mineral  oils  and  strong  alcoholic 
mixtures,  adhere  to  the  hydrometer  stem  very 
readily,  while  with  weak  aqueous  solutions  of 
sugar,  salts,  acids,  and  alcohol,  scrupulous  cleaning 
of  the  stem  is  required  in  order  to  secure  the  normal 
condition.  Before  use,  the  hydrometer  should  be 
thoroughly  washed  in  soap  and  water,  rinsed,  and 
dried  by  wiping  with  a  clean  linen  cloth.  If  the 
hydrometer  is  to  be  used  in  aqueous  solutions 
which  do  not  adhere  readily,  the  stem  should  be 


Figure  22.  Hydrometer  comparator  ( Peffer  and  Blair, 
NBS  Circular  4-77). 


dipped  into  strong  alcohol  and  immediately  wiped 
dry  with  a  soft,  clean,  linen  cloth. 

A  careful  observer  can,  by  using  a  hydrometer 
that  has  been  accurately  calibrated,  obtain  results 
that  are  correct  to  within  one  of  the  smallest  sub¬ 
divisions  of  the  scale.  For  example,  a  “precision” 
hydrometer  should  yield  densities  that  are  accurate 
to  one  unit  in  the  third  decimal  place,  or,  if  grad¬ 
uated  in  percentages,  to  0.1  percent.  This  degree 
of  accuracy  can  be  considerably  improved  by  the 
exercise  of  special  precautions  as  to  temperature 
control,  cleanliness,  etc. 

There  are  a  number  of  arbitrary  scales  in  use 
to  represent  the  densities  or  specific  gravities  of 
liquids. 


Figure  23.  Apparatus  for  renewal  of  surface  by  overflowing 
( NBS  Circular  16). 
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Two  Baume  hydrometer  scales  are  in  general 
use  in  the  United  States.  The  following  formula 
is  used  for  liquids  heavier  than  water : 

145 

Degrees  Baum^l45~sp  gf  6Q. , 6QO  F-  (13) 

For  liquids  lighter  than  water,  the  formula  is 

140 

Degrees  Bamne^— r60°/6o°  F~130  (14) 

The  modulus  141.5  instead  of  140  in  eq  14  was 
also  used  in  the  petroleum-oil  industry.  In  order 
to  overcome  the  confusion  that  existed  in  this  in¬ 
dustry  by  reason  of  the  use  of  two  so-called  Baume 
scales  for  light  liquids,  the  American  Petroleum 
Institute,  the  U.  S.  Bureau  of  Mines,  and  the 
National  Bureau  of  Standards  in  December  1921 
agreed  to  recommend  that  in  the  future  only  the 
scale  based  on  the  modulus  141.5  be  used  in  the 
petroleum-oil  industry,  and  that  it  be  known  as 
the  API  scale.  The  relation  of  degrees  API  to 
specific  gravity  is  expressed  by  the  formula 

1 41  5 

Degrees  AP1=— -  60=' ; 60„  p-131.5  (15) 

The  Baume  scale  based  on  the  modulus  140  con¬ 
tinues  to  be  in  general  use  for  other  liquids  lighter 
than  water.  Tables  of  specific  gravities  corres¬ 
ponding  to  degrees  Baume  for  both  heavy  and 
light  liquids  and  to  degrees  API  for  petroleum  oils, 
have  been  published  [2,  52], 

Hydrometers  or  lactometers  for  determining  the 
specific  gravities  of  milk  are  usually  read  in  Que- 
venne  degrees.  The  relation  of  Quevenne  degrees 
to  specific  gravity  is  expressed  by  the  formula 


pour  the  mixed  milk  into  a  cylinder  which,  with 
the  lactometer,  has  been  previously  cooled  in  a 
water  bath  to  58°  F.  Immerse  the  cylinder  in 
the  water  bath  and  bring  the  water  bath  and 
milk  rapidly  to  a  temperature  of  60°  F,  taking 
care  not  to  exceed  that  temperature.  Before 
reading  the  mark  on  the  lactometer  stem  at  the 
top  of  the  meniscus  be  sure  that  the  lactometer 
floats  freely  and  that  the  stem  above  the  milk  is 
clean  and  dry. 

Plato,  Domke,  and  Harting  [54]  derived  the 
following  relation  between  the  specific  gravity 
and  the  percentage  of  sucrose  in  sugar  solutions: 

Sp  gr  15°/15°C  =  1  -f-  (387.7655y-f  1.33945y2 

+  0.0048303/>3-0.0000053546p4  (17) 


—  0.00000008400p5)10-5, 


where  p  is  the  percentage  of  sucrose  from  2.5  to 
76.  A  table  of  specific  gravities  corresponding  to 
various  percentages  of  sucrose  by  weight  (Brix) 
from  0  to  95  and  to  Baume  (modulus  145)  degrees 
from  0  to  about  49.5,  was  published  by  Snyder 
and  Hammond  [55], 

The  barkometer,  Twaddle  (also  spelled  Twad- 
dell),  and  Baume  hydrometer  scales  are  in  common 
industrial  use  in  the  leather-tanning  industry  for 
determinations  of  the  specific  gravities  of  tanning 
extracts.  The  following  formulas  give  the  rela¬ 
tions  between  specific  gravity  and  barkometer  and 
Twaddle  degrees,  respectively: 


Degrees  barkometer 


Sp  gr  60°/60°  F  — 1 
~0.001 


(18) 


Degrees  Twaddle 


Sp  gr  60°/60°  F—  1 
0.005~ 


(19) 


Quevenne  degrees=  1000  (sp  gr—  1).  (16) 

On  account  of  the  opaqueness  of  milk,  it  is  custom¬ 
ary  practice  of  manufacturers  to  calibrate  lactome¬ 
ters  to  be  read  at  the  top  of  the  meniscus  at  60°  F. 

The  Bureau  of  Dairy  Industry,  United  States 
Department  of  Agriculture  [53]  recommends  the 
following  procedure  in  preparing  a  sample  of  milk 
prior  to  a  determination  of  its  specific  gravity. 
If  the  milk  is  freshly  drawn  or  has  been  unduly 
shaken  in  transit  or  handling  so  that  considerable 
air  has  been  incorporated,  it  should  be  held  at  a 
temperature  not  lower  than  50°  F  for  3  or  4  hours 
to  allow  trapped  air  to  escape.  Cool  the  sample 
of  milk  rapidly  to  a  temperature  between  35°  and 
40°  F  and  hold  it  at  this  temperature  4  to  6  hours. 
Then  allow  the  milk  to  warm  up  slowly  during  at 
least  a  half-hour  period  to  55°  F.  Mix  the  cream 
layer  into  the  milk  by  pouring  carefully  back  and 
forth  several  times,  each  time  allowing  the  milk 
to  run  down  the  inside  wall  of  the*receptacle  to 
avoid  incorporating  air.  Taking  the  same 'care, 


The  relation  between  degrees  Baume  and  specific 
gravity  is  given  by  eq  13.  Tables  giving  correc¬ 
tions  to  observed  degrees  barkometer,  Twaddle, 
and  Baume,  at  various  temperatures  between  50° 
and  100°  F  in  order  to  obtain  corresponding 
degrees  at  60°  F,  have  been  published  by  Blair 
and  Peffer  [56]. 

5.  Falling-Drop  Method 

The  falling-drop  method  for  determining  the 
density  of  liquids  was  developed  by  Barbour  and 
Hamilton  [57,  58].  This  method  consists  in 
measuring  the  falling  time  of  a  small  drop  of  liquid 
of  krtown  size  through  a  definite  distance  in  an 
immiscible  liquid  of  known  density.  The  latter 
liquid  (reference  liquid)  should  have  a  slightly 
lower  density  than  the  liquid  drop.  Using  bromo- 
benzene-xylene  mixtures  for  the  reference  liquids, 
Barbour  and  Hamilton  [59]  obtained  the  densities 
of  0.01  ml  of  aqueous  solutions  to  an  accuracy  of 
0.0001.  Vogt  and  Hamilton  [60]  refined  this 
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method  by  means  of  accurate  temperature  con¬ 
trol  and  an  improved  pipette  so  that  it  is  possible 
to  determine  the  densities  of  10-mm3  (approx.  0.01 
ml)  samples  to  within  2.5  parts  per  million. 

The  density  of  a  falling  drop  of  liquid  may  be 
computed  from  eq  20  or  21  derived  from  Stokes’ 
law. 

D=Da+^  (20) 

or 

D=Dq  (21) 

where 

Z)= density  of  drop  of  liquid 
D0= density  of  reference  liquid 
V=  velocity  of  drop  of  liquid 
H— coefficient  of  viscosity  of  reference  liquid 
g— acceleration  due  to  gravity 
d=  diameter  of  drop  of  liquid 
k=  a  constant  depending  upon  the  viscosity 
of  the  reference  liquid,  the  size  of  the 
falling  drop  of  liquid,  and  the  distance 
over  which  the  drop  is  timed 
#=time  of  fall  of  drop  over  a  fixed  distance, 

Figure  24  shows  the  apparatus  used  by  Hoiberg 
[61]  for  determining  the  specific  gravity  of  petro¬ 
leum  oils  by  the  falling-drop  method.  Three 
Pyrex-glass  tubes  with  a  1.3-cm  bore  and  50  cm 


Figure  24.  Apparatus  for  determining  the  specific  gravity 
of  liquids  by  falling-drop  method  (Hoiberg). 


long,  were  marked  with  lines  30  cm  apart,  ex¬ 
tending  all  the  way  around  the  tubes,  one  line 
being  5  cm  from  the  end  of  the  tube.  Rubber 
stoppers  were  inserted  to  close  the  ends  of  the 
tubes  nearest  to  the  lines.  The  tubes  were 
mounted  in  a  2-liter  cylinder  by  means  of  a  brass 
plate  standing  on  three  1-cm  legs  and  with  a  cap 
on  the  top.  The  three  holes  fitting  the  glass  tube 
in  the  brass  plate  and  cap  were  drilled  with  their 
centers  on  the  apexes  of  an  equilateral  triangle 
and  3.5  cm  apart.  Holes  were  also  drilled  in  the 
cap  for  a  thermometer,  a  250-watt  knife-blade 
heater,  and  an  expansion-type  thermoswitch. 
Copper  tubing  0.3  cm  in  diameter  was  run  down 
the  side  of  the  cylinder  to  supply  air  for  stirring 
the  water  bath.  A  leveling  stand  and  leveling 
screws  were  provided.  The  thermometer  was 
suspended  so  that  it  could  also  be  used  as  a  plumb 
bob  to  adjust  the  glass  tubes  in  a  vertical  position. 

Solutions  of  ethyl  alcohol  and  distilled  water 
were  mixed  to  cover  the  range  in  specific  gravity 
of  various  petroleum  oils.  Before  filling  the  glass 
tubes  the  solutions  were  heated  to  boiling  under  a 
reflex  condenser  to  dispel  air.  The  temperature 
of  the  solution  in  the  glass  tubes  should  be  main¬ 
tained  constant. 

A  falling-drop  pipette  calibrated  to  deliver  2 
drops  of  0.01  ml  volume  each  was  used  by  Hoiberg 
to  form  the  drop  of  petroleum  oil,  a  pipette  con¬ 
troller  being  used  to  regulate  the  delivery  of  the 
pipette.  The  time  of  fall  of  the  drop  was  meas¬ 
ured  with  an  electric  timer  to  within  0.1  second, 
and  the  specific  gravity  was  obtained  from  a 
calibration  curve. 

Pipettes  for  obtaining  drops  of  liquids  of  uni¬ 
form  size  for  determinations  of  density  by  the 
falling  drop  method  have  been  described  by 
Hochberg  and  LaMer  [62]  and  Rosebury  and  van 
Heyningen  [63]. 

Because  bromobenzene  and  xylene  mixtures  are 
volatile,  Frilette  and  Hanle  [64]  used  solutions  of 
phenanthrene  in  a-methylnaphthalene  as  refer¬ 
ence  liquids  in  measuring  the  specific  gravity  of 
water  samples  having  D20  contents  ranging  from 
10  to  40  percent.  Keston,  Rittenberg,  and 
Schoenheimer  [65]  used  o-fluorotoluene  as  a 
reference  liquid  for  determinations  of  density  of 
water  (with  low  contents  of  deuterium  oxide). 
Frilette  and  Hanle  state  that  o-fluorotoluene  is 
not  suitable  for  water  that  has  a  deuterium-oxide 
content  much  above  7  percent,  for  the  precision  of 
the  falling-drop  method  falls  off  rapidly  as  the 
difference  in  density  of  the  water  and  reference 
liquid  increases. 

Kagan  [66]  used  a  mixture  of  methyl  salicylate 
and  mineral  oil  as  a  reference  liquid  in  determina¬ 
tions  of  the  specific  gravity  of  blood  serum  and 
plasma  by  the  falling-drop  method.  Table  5 
gives  a  comparison  of  the  specific  gravities  of 
samples  of  serum  and  plasma  by  the  falling-drop 
method  and  the  picnometer  method. 
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Table  5.  Comparison  of  specific  gravities  of  samples  of 
serum  and  plasma  by  the  falling- drop  method  and  the 
picnometer  method  {Kagan) 


Specific  gravity 

Difference 

Falling-drop 

method 

Picnometer  (2 
ml)  method 

SERUM 

1.0285 

1.0288 

-0. 0003 

1.0256 

1.0254 

+.  0002 

1.0222 

1.0222 

.0000 

1.0281 

1. 0283 

-.0002 

1.0283 

1.0283 

.0000 

1.0306 

1.0304 

+.  0002 

1.0280 

1.0280 

.  0000 

1.0286 

1.0290 

-.0004 

1.0280 

1.0283 

-.  0003 

1.0289 

1.0292 

-.  0003 

1. 0303 

1.0302 

+.0001 

1.0283 

1.0279 

+.  0004 

1.0209 

1.0210 

-.0001 

1.0277 

1.0279 

-.0002 

1.0285 

1.0286 

-.0001 

1.0278 

1.0274 

+.  0004 

1.0297 

1.  0295 

+.  0002 

1.0220 

1.0220 

.0000 

1.  0287 

1. 0284 

+.  0003 

1.0261 

1.0262 

-.0001 

OXALATED  PLASMA 

1.0234 

1.0233 

+0. 0001 

1.0310 

1.0312 

-.0002 

1.0268 

1.0268 

.0000 

1.  0330 

1. 0328 

+.0002 

1.0234 

1.0232 

+.0002 

HEPARINIZED  PLASMA 

1.0272 

1.0274 

-0. 0002 

1 . 0297 

1.0298 

-.0001 

1.0221 

1.0223 

-.0002 

Temperature  changes  in  the  reference  liquid, 
variations  in  the  size  (diameter)  of  the  falling  drop, 
and  errors  in  measurement  of  the  time  of  fall  of 
the  drop,  are  important  sources  of  error. 

6,  Balanced -Column  Method 

If  one  arm  of  a  communicating  U -tube -contains 
a  liquid  having  a  density  D1  at  any  temperature 
and  pressure,  and  the  other  arm  contains  an  im¬ 
miscible  liquid  having  a  density  D2  at  the  same 
temperature  and  pressure,  then 


where  hi  is  the  height  of  the  liquid  in  the  first  arm 
of  the  U-tube,  and  h2  is  the  height  of  the  liquid  in 
the  second  arm  (both  heights  are  measured  from 
the  separating  horizontal  plane  between  the  two 
liquids).  If  the  density  of  one  liquid  is  known,  the 
density  of  the  other  liquid  can  be  computed  from 
eq  22. 

Wiedbrauck  [67]  found  that  the  densities  of 
several  liquids  (ethyl  alcohol,  methyl  alcohol, 
benzol,  10-percent  solution  of  potassium  hy¬ 
droxide,  and  sulfuric  acid)  that  he  determined  by 
the  balanced-column  method  are  accurate  to  0.2 


percent  when  compared  with  determinations  by 
the  hydrostatic  weighing  and  picnometer  methods. 
Frivold  [68]  claimed  an  accuracy  of  about  2X10-7 
in  his  determinations  of  the  differences  of  the 
density  of  water  by  this  method. 

An  apparatus  for  simultaneous  determinations 
of  the  densities  of  two  or  more  liquids  by  the 
balanced-column  method  was  described  by  Cio- 
china  [69]. 

7.  Method  Based  on  Boyle’s  Law 

Gallay  and  Tapp  [70]  applied  Boyle’s  law  to 
determine  the  density  of  leather  by  a  simple 
method  making  use  of  the  displacement  of  air. 
Their  precision  on  a  sample  of  about  2  g  is  ap¬ 
proximately  0.3  percent.  Thuau  and  Goldberger 
[71]  and  Edwards  [72]  also  applied  methods  based 
on  Boyle’s  law.  The  former  gave  no  data.  Ed¬ 
wards  used  a  complicated  procedure,  which  he 
admitted  was  in  error  by  about  1.3  percent. 

Kanagy  and  Wallace  [73]  determined  the  den¬ 
sity  of  leather  with  an  apparatus  similar  to  that 
used  by  Gallay  and  Tapp.  A  diagram  of  the 
apparatus  used  by  Kanagy  and  Wallace  is  shown 
in  figure  25.  A  vessel,  A,  is  connected  at  both 
ends  with  capillary  tubing.  The  volume  was 
calibrated  between  points  A  and  Y  on  the  capil¬ 
laries  and  was  found  to  be  10.734  ml.  B  is  another 
vessel,  which  serves  as  the  container  for  the  sample 
and  is  connected  to  A  with  capillary  tubing  and 
the  three-way  stopcock,  F.  A  and  B  have  an 


Figure  25.  Diagram  of  apparatus  for  density  by  method 
based  on  Boyle’s  law  (Kanagy  and  Wallace). 
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inlet  through  stopcock  F  and  the  U-tube,  C, 
which  contains  anhydrous  calcium  sulfate  to 
dry  the  air  drawn  into  vessel  A  and  to  prevent  the 
condensation  of  water  vapor  in  B  on  compression. 
The  volume  of  B ,  including  the  capillary  arm  to 
Y,  is  about  18  ml.  Cap  H  fits  over  the  outside  of 
B,  thereby  eliminating  the  possibility  of  the 
leather  coming  into  contact  with  the  lubricating 
grease.  The  cap  is  fitted  with  glass  lugs  and  held 
securely  by  means  of  wire  springs.  D ,  a  cup  con¬ 
taining  mercury,  is  attached  to  the  main  apparatus 
with  rubber  tubing  and  is  used  to  raise  and  lower 
the  mercury  level  in  A. 

With  stopcock  F  open  to  the  U-tube  C  and  the 
vessel  A,  the  mercury  level  in  A  is  raised  to  Y  by 
lifting  mercury  cup  D.  Then  dry  air  is  drawn 
into  A  through  C  by  lowering  the  mercury  to  X. 
F  is  closed  to  C  and  opened  to  A  and  B.  The  sum 
of  the  volumes  of  A,  B,  and  the  connecting  capil¬ 
laries  may  be  represented  by  To,  and  the  baro¬ 
metric  pressure  by  Px.  The  mercury  level  is  then 
raised  from  X  to  Y,  and  stopcock  G  is  closed. 
The  volume  of  B  and  the  capillary  arm  to  Y may  be 
represented  by  V2,  and  the  barometric  pressure, 
P,  plus  the  increase  in  pressure  shown  on  manom¬ 
eter  E  caused  by  the  compression  (A Pi),  by  P2. 
All  values  of  pressure  are  read  in  centimeters  of 
mercury.  Then  substituting  in  Boyle’s  law  for  a 
given  mass  of  gas  at  a  given  temperature, 

PXVX  =  P2V2  (23) 


and  the  size  of  the  sample.  On  repeat  measure¬ 
ments,  the  manometer  readings  varied  about  0.5 
mm.  This  variation  is  equivalent  to  0.016  ml 
for  a  2-g  sample  having  a  volume  of  1.5  ml,  or  an 
error  of  approximately  1  percent.  To  test  the 
apparatus,  the  volume  of  a  piece  of  copper  wire 
100  cm  in  length  and  of  uniform  diameter  was 
determined  from  dimensional  measurements.  Its 
volume  was  then  determined  by  the  apparatus. 
The  volume  by  dimensional  measurement  was 
1.319  cm3  and  as  determined  by  the  apparatus 
1.303  ml.  These  values  illustrate  the  precision 
of  the  method  for  volumes  less  than  2  ml.  For  a 
6-g  sample  having  a  volume  of  about  4  ml,  the 
error  is  equivalent  to  about  0.007  ml  or  less  than 
0.2  percent.  The  apparatus  was  again  tested  with 
a  piece  of  brass  tubing  that  had  a  larger  volume 
than  the  copper  wire.  The  volume  calculated 
by  dimensional  measurements  was  4.014  cm3, 
whereas  that  determined  with  the  apparatus  was 
4.010  ml.  The  difference  is  smaller  than  that 
calculated  from  the  reproducibility  of  the  readings, 
and  illustrates  the  precision  possible  for  samples 
having  volumes  greater  than  2  ml.  Unfortunately 
no  comparison  was  made  of  densities  by  this 
method  and  by  another  density  method,  such  as 
hydrostatic  weighing  or  the  use  of  a  picnometer. 

A  reported  value  of  the  density  of  a  sample  of 
leather  should  be  accompanied  by  a  statement  of 
the  temperature  and  relative  humidity  at  which 
it  was  determined. 


or 


P(A  +  B)  =  (P+AP1)B 


B= 


PA 

ap7 


(24) 

(25) 


The  volume  of  B  is  calculated  from  eq  25.  When 
a  sample  of  leather  having  a  volume  L  is  placed  in 
vessel  B  and  the  procedure  repeated, 

P(AAB-L)  =  (P-f  AP2)  (B — L )  (26) 

or 

P  A 

L=B~m 

The  density  of  the  sample  is  then 


D= 


M 

L’ 


(28) 


where  D  is  the  density,  M  is  the  mass  of  the  sample, 
and  L  is  the  volume  of  the  sample. 

Kanagy  and  Wallace  made  density  measure¬ 
ments  on  samples  of  leather  weighing  from  2  to 
6  g.  The  samples  were  conditioned  for  at  least 
48  hours  at  65  ±2  percent  relative  humidity  and 
70° ±2°  F,  and  all  determinations  were  made  in 
a  room  controlled  at  these  conditions. 

The  precision  of  t  he  determinations  is  influenced 
largely  by  two  factors — pressure  measurements 


8.  Electromagnetic  Method 

Richards  [74]  constructed  an  apparatus  for  rapid 
determinations  (about  two  hundred  5-ml  samples 
of  liquids  every  8  hours)  of  the  densities  of  small 
samples  of  liquids.  Ordinary  hydrometers  and 
picnometers  were  unsuitable  for  his  purpose, 
since  the  former  require  at  least  20-ml  samples, 
whereas  the  latter  are  too  slow. 

The  essential  parts  of  the  apparatus  consist  of  a 
small  glass  float  held  under  the  surface  of  the  sam¬ 
ple  of  liquid  by  an  adjustable  stop  and  a  small 
coil  surrounding  the  lower  portion  of  the  sample 
tube.  If  current  passing  through  the  coil  is 
gradually  increased,  the  resulting  magnetic  field 
will  eventually  exceed  a  critical  value,  such  that 
the  force  on  an  armature  (made  from  a  short 
piece  of  an  iron  nail)  will  become  sufficient  to 
draw  the  float  away  from  a  stop.  The  density  of 
the  sample  of  liquid  may  be  determined  by  measure¬ 
ment  of  the  critical  current,  from  the  equation 

D=kP+DF,  (29) 

where  D  is  the  density  of  the  sample  of  liquid,  k  is  a 
constant,  /  is  the  critical  current,  and  DF  the  den¬ 
sity  of  float. 

Richards  used  alternating  current  from  a  step- 
transformer  in  the  field  coil  to  prevent  permanent 
magnetization  of  the  armature  and  to  minimize 
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sticking  of  the  float.  The  value  of  /  in  eq  29  is,  in 
practice,  the  value  obtained  with  an  alternating- 
current  milliammeter.  The  sensitivity  of  the 
apparatus  is  increased  and  the  range  decreased  by 
increasing  the  size  of  the  float,  reducing  the  size 
of  the  armature,  and  reducing  the  number  of  turns 
in  the  field  coil.  Surface-tension  effects  are  elimi¬ 
nated  by  the  electromagnetic  method  because  the 
float  is  submerged. 

A  diagram  of  the  apparatus  for  determinations 
of  the  density  of  liquids  by  the  electromagnetic 
method  is  shown  in  figure  26.  The  float,  A,  con¬ 
structed  of  Pyrex  glass,  encloses  the  armature. 
The  average  density  of  the  float  is  adjusted  by 
adding  or  removing  glass  at  the  tip  until  it  just 
floats  in  liquid,  the  density  of  which  corresponds 
to  the  lowest  value  of  the  range  required.  The 
inside  diameter  of  the  float  tube  should  be  about 
2  mm  greater  than  that  of  the  float  to  ensure  a 
free  passage.  The  float  is  centered  on  the  bottom 
of  the  stop.  The  lower  end  of  the  float  tube  is 
sloped  to  allow  drainage,  and  the  drain  tube  allows 
0.5-mm  clearance  around  the  tail  of  the  float.  A 
three-way  stopcock  is  sealed  on  after  the  coil  is 
mounted;  the  lower  limb  is  used  as  a  drain,  and 
the  side  limb  serves  to  admit  air  for  drying  the 
apparatus.  The  bearing  for  the  adjustable  stop 
is  cemented  in  place  after  insertion  of  the  float. 


Figure  26.  Diagram  of  apparatus  for  determinations  of 
the  density  of  liquids  by  electromagnetic  method  (Richards) . 


The  coil  is  wound  on  an  ebonite  former  with  a 
thin  core  and  consists  of  about  28  g  of  double 
cotton-covered  copper  wire  No.  23  AWG.  It  is 
connected  in  series  with  a  20-volt  alternating- 
current  transformer  and  a  variable-resistance 
assembly. 

A  water  jacket  surrounding  the  float  chamber 
is  used  to  maintain  a  constant  temperature  during 
determinations.  Richards  found  it  easy  to  main¬ 
tain  a  temperature  constant  to  within  0.2  deg  C, 
which  produces  an  error  of  less  than  0.0002  g/ml 
in  the  densities  of  gasoline  fractions. 

A  comparison  of  densities  obtained  by  the 
electromagnetic  and  picnometer  methods  is  given 
in  table  6.  The  first  column  gives  the  critical 
currents  used  in  the  former  method. 


Table  6.  Comparison  of  densities  obtained  by  electromag¬ 
netic  and  picnometer  methods  ( Richards ) 


Density 

Current 

Electromagnetic 

method 

Picnometer 

method 

Difference 

amp 

0.085 

0. 626 

0. 6255 

0.000 

.  152 

.637 

.6370 

.000 

.  179 

.643 

.6429 

.000 

.223 

.656 

.  6563 

.000 

.302 

.684 

.6842 

.000 

.383 

.723 

.  7230 

.000 

.397 

.732 

.  7309 

+.001 

.424 

.746 

.7445 

+.002 

.425 

.747 

.7458 

+.001 

.445 

.759 

.  7598 

-.001 

.459 

.768 

.7673 

+.  001 

.475 

.778 

.7795 

-.002 

.  477 

.780 

.7811 

-.001 

.488 

.788 

.  7874 

+.001 

.500 

.797 

.  7962 

+.001 

.502 

.798 

.  7974 

+.001 

.515 

.807 

.8082 

-.001 

.521 

.813 

.8146 

-.002 

9.  Elastic  Helix  Method 

In  the  elastic  helix  method  by  Wagner,  Bailey, 
and  Eversole  [75],  a  fused-quartz  helix  and  a 
fused-quartz  bob  suspended  in  a  homogeneous 
medium  (liquid  or  gas)  were  used  to  determine 
the  density  of  this  medium.  The  helix  and  the 
bob  are  buoyed  up  according  to  Archimedes’ 
principle,  causing  a  change  in  the  length  of  the 
helix.  The  length  of  the  helix  can  be  related  to 
density  by  calibration  in  a  series  of  media  of 
known  density. 

The  relative  density  of  a  medium  can  be  calcu¬ 
lated  from  the  equation 

c=Ds+!(fcJHklQ,  (30) 

where  L  is  the  length  of  the  helix  in  a  medium  of 
density  D  at  a  temperature  T,  Ls  is  the  length  of 
the  helix  in  the  standard  medium  of  density 
Ds  at  the  standard  temperature  Ts,  and  a  and  b 
are  constants. 
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The  absolute  density  of  a  medium  can  be  com¬ 
puted  from  eq  31. 


o>(Ts  T )  (Ls -  L) , 

-(< m )T<-v»+v‘->’ 


(31) 


where  L  is  the  length  of  the  helix  in  a  medium  of 
density  D  at  a  temperature  T,  Ls  is  the  length  of 
the  helix  in  the  standard  medium  of  density  Ds 
at  the  standard  temperature  Ts,  Yb  is  the  volume 
corresponding  to  the  apparent  effective  mass  of 
the  bob,  Yh  is  the  volume  corresponding  to  the 
apparent  effective  mass  of  the  elastic  helix,  and 
( dL/dM)T  can  be  determined  from  the  changes 
in  length  of  the  helix  caused  by  the  addition  of 
small  weights  to  a  platinum  bucket  suspended 
from  the  helix  in  a  medium  of  constant  density 
and  temperature.  e 

The  elastic-helix  method  should  be  useful  for 
measurements  of  densities  in  systems  that  are  not 
accessible  to  measurements  by  other  methods. 
Liquid  or  vapor  densities  can  be  determined 
accurately  to  the  fourth  significant  figure  by  this 
method. 


10.  Ice  Calorimeter  Method 


An  ice  calorimeter  was  used  by  Ginnings  and 
Corruccini  [76]  for  determining  the  density  of  ice 
at  0°  C.  In  this  device,  the  heat  to  be  measured 
is  allowed  to  melt  ice  that  is  in  equilibrium  with 
water  in  a  closed  system,  and  the  resulting  volume 
decrease  is  determined  by  means  of  mercury 
drawn  into  the  system.  The  calibration  factor, 
K,  of  this  ice  calorimeter  (ratio  of  heat  input  to 
mass  of  mercury  intake)  is  related  to  the  heat  of 
fusion,  L,  of  ice,  the  specific  volumes  of  ice,  vt,  and 
water,  vw,  and  the  density  of  mercury,  dm,  by  the 
equation 


K 


_ L 

(v  i  vw)dm 


(32) 


By  using  eq  32,  the  density  of  ice  at  0°  C  and 
1 -atmosphere  pressure  may  be  calculated  from 
the  calibration  factor  of  the  ice  calorimeter,  the 
heat  of  fusion  of  ice,  and  the  densities  of  water 
and  mercury.  Using  270.37  int.  j/g  of  mercury 


for  the  calibration  factor,  0.999868  g/ml  for  the 
density  of  water,  13.5955  g/ml  for  the  density  of 
mercury,  and  333.5  int.  j/g  for  the  heat  of  fusion 
of  ice,  Ginnings  and  Corruccini  calculated  the 
density  of  ice  to  be  0.91671  g/ml  at  0°  C  and  1- 
atmosphere  pressure.  The  largest  uncertainty  in 
this  calculation  is  believed  to  be  caused  by  the  un¬ 
certainty  of  0.06  percent  in  the  heat  of  fusion  of 
ice,  which  is  equivalent  to  0.00005  g/ml  in  the 
density  of  ice. 

Numerous  measurements  of  the  density  of  ice 
have  been  reviewed  by  Dorsey  [77],  The  results 
of  these  measurements  have  been  so  scattered 
that  some  observers  have  believed  the  density  of 
ice  to  be  not  strictly  constant.  The  value  given  in 
the  International  Critical  Tables  [78]  for  the 
density  of  ice  at  0°  C  and  1-atmosphere  pressure 
is  0.9168  ±0.0005  g/ml.  Ginnings  and  Corruccini 
believe  that  the  ice-calorimeter  method  provides 
the  most  accurate  determination  of  the  density 
of  ice,  since  this  method  is  free  from  many  of  the 
difficulties  inherent  in  other  methods.  On  ac¬ 
count  of  the  filaments  and  cracks  that  all  samples 
of  ice  appear  to  have,  any  experimental  method 
that  measures  the  “bulk”  density  of  ice  will 
obviously  give  a  different  result  from  methods, 
such  as  the  ice-calorimeter  method,  which  de¬ 
termine  the  true  density.  No  evidence  has  been 
obtained  with  the  ice  calorimeter  that  the  true 
density  of  ice  is  anything  but  constant. 

11.  Volumetric  Method 

The  approximate  density  of  a  solid  having  a 
definite  geometrical  form  may  be  determined  by  a 
volumetric  method.  In  this  method  the  volume 
is  computed  from  measurements  of  the  dimensions 
of  the  solid.  The  weight  of  the  solid  is  obtained 
in  a  convenient  manner.  The  density  of  a  solid 
determined  by  this  method  is  probably  accurate 
to  about  1  percent. 

Peffer  [79]  was  unable  to  obtain  accurate  de¬ 
terminations  of  the  density  of  artificial  graphite 
by  the  hydrostatic  weighing  method,  because  this 
material  absorbs  liquids  such  as  water,  kerosine, 
toluol,  etc.  He  therefore  used  the  volumetric 
method  for  determinations  of  the  densities  of 
five  samples  of  artificial  graphite. 
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ABSTRACT 

The  assembly  and  calibration  are  described  of  a  density  balance  for  rapidly 
measuring  the  densities  of  liquid  hydrocarbons  on  samples  as  small  as  9  milliliters 
in  volume.  The  reproducibility  of  the  measurements  is  ±0.00002  to  ±0.00003 
gram  per  milliliter  and  the  over-all  uncertainty  is  estimated  to  be  about  ±0.00005 
gram  per  milliliter. 
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I.  INTRODUCTION 

In  connection  with  the  work  of  this  laboratory  on  the  analysis, 
purification,  and  properties  of  hydrocarbons,  it  has  been  necessary  to 
make  measurements  of  the  density  of  purified  liquid  hydrocarbons, 
and  of  mixtures  of  hydrocarbons,  on  samples  as  small  as  9  ml  in  vol¬ 
ume,  rapidly  and  with  a  precision  of  several  parts  per  100,000.  This 
report  describes  the  assembly  and  calibration  of  a  density  balance  for 
such  measurements. 

II.  APPARATUS 

The  assembly  of  the  density  balance  is  shown  in  figure  1,  with  the 
detailed  parts  described  in  the  legends. 

A  diagram  of  the  controls  for  the  density  balance  is  shown  in  figure 
2,  with  details  given  in  the  legend. 

The  scale  on  this  particular  balance  ranges3  from  0.65  to  0.95  g/ml, 
with  the  smallest  division  on  the  chainomatic  scale  corresponding  to 
0.0001  g/ml  and  readings  with  the  vernier  being  made  to  0.00001 
g/ml. 

For  containing  the  samples  to  be  measured,  test  tubes  having  an 
inside  diameter  of  14  mm  and  an  inside  depth  of  138  mm  were  se- 

■  This  investigation  was  performed  at  the  National  Bureau  of  Standards  as  part  of  the  work  of  the  Ameri¬ 
can  Petroleum  Institute  Research  Project  6  on  the  “Analysis,  purification,  and  properties  of  hydrocarbons.” 

2  Research  Associate  on  the  American  Petroleum  Institute  Research  Project  6  at  the  National  Bureau  of 
Standards. 

3  Other  ranges  of  scale  readings  may  be  obtained  as  required. 
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Figure  1. — Assembly  of  density  balance. 

A,  Constant-temperature  water  reservoir;  B,  bob  or  plummet  (volume  5  ml);  C,  chainomatic  balance  (see 
text);  D,  metal  supporting  stand;  E,  vacuum-jacketed  glass  water  bath;  F,  water  inlet  to  pump;  0,  table;  H, 
shelf  (fastened  to  wall);  J,  water  return  from  E;  K,  sptcial  mereury-in -glass  thermometer  (graduated  from 
19.90  to  20  10,  or  from  24.90  to  25.10,  or  from  29.90  to  30.10,  with  a  sensitivity  on  the  scale  of  1  mm  equal  to 
0.05°  C);  L,  level  of  water;  M,  motor  for  stirrer;  N,  solenoid  valve;  P,  water  pump;  R,  connection  of 
rubber  tubing;  S,  S',  test  tubes  for  containing  samples  under  observation;  T,  mercury-type  thermoregu¬ 
lator;  U,  inlet  for  cooling  water;  V,  valve  for  controlling  flow  of  water  through  E;  W,  platinum  wire,  0.003 
inch  in  diameter;  X,  outlet  for  cooling  water;  Z,  coil  for  cooling  water. 
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lected  from  standard  Pyrex  glass  stock.  On  each  tube  was  engraved 
a  number  (1,  2,  3,  etc.)  and  also  a  horizontal  line  to  mark  a  volume 
of  10  ml.  The  smallest  volume  that  could  be  measured  with  the 
apparatus  as  assembled  was  9  ml. 

In  more  recent  measurements  on  purified  hydrocarbons,4  special 
sample  tubes  with  ground  caps  are  being  used  in  order  to  reduce  loss 
by  evaporation  and  contact  with  air.  A  cap  with  a  hole  in  it,  per¬ 
mitting  free  passage  of  the  platinum  wire  supporting  the  plummet 
and  being  held  in  position  by  a  special  clamp,  is  used  on  the  sample 
during  the  measurements.  At  other  times,  a  closed  cap  (having  the 
same  standard  ground  joint)  covers  the  sample  tube. 

III.  PROCEDURE 

The  procedure  in  performing  the  measurements  is  as  follows  (the 
letters  referring  to  fig.  1  legend): 

Three  of  the  samples  to  be  measured  (usual  volume,  10  ml;  mini¬ 
mum  volume,  9  ml)  are  introduced  by  means  of  a  small  funnel  into 
test  tubes,  care  being  taken  to  avoid  wetting  the  lips  of  the  test  tubes. 
Stoppers  of  Neoprene  rubber  are  then  placed  on  the  tubes  to  avoid 
loss  of  hydrocarbon  by  evaporation,  and  the  tubes  are  then  placed  in 
the  rack,  S,  in  the  large  bath,  A,  with  a  time  of  15  to  20  minutes 
allowed  for  a  given  sample  to  approach  the  temperature  of  measure¬ 
ment. 

Tube  1  is  then  removed  from  the  rack,  S,  unstoppered,  and  placed 
in  position  at  S'  in  the  small  bath,  E.  The  small  bath,  E,  is  then 
elevated  into  position  so  that  the  plummet,  B,  is  completely  immersed 
in  the  liquid  with  the  top  of  the  tying  loop  of  platinum  wire  on  the 
plummet  being  1  mm  below  the  surface  of  the  liquid.  (The  depth  of 
immersion  of  the  platinum  wire  must  be  kept  constant  within  ±  1 
mm  to  reduce  the  error  from  this  source  to  about  ±0.000005  g/ml.) 
The  valve,  T7,  is  then  opened  and  adjusted  so  that  the  flow  of  water 
is  just  less  than  the  drainage  capacity  of  the  tube,  J .  (This  main¬ 
tains  a  substantially  constant  level  of  water  in  the  bath,  E.)  The 
plummet,  B,  is  then  centered  in  the  test  tube,  S',  by  sighting,  at 
right  angles,  from  the  front  and  the  left.  (This  operation  is  facili¬ 
tated  by  having  a  mirror  placed  in  appropriate  position  at  the  left 
side.)  At  this  point,  test  tube  4,  containing  another  sample,  may  be 
placed  in  the  rack,  S,  in  the  position  vacated  by  tube  1. 

The  beam  of  the  balance  is  then  partially  released  and  the  rider 
placed  in  position.  After  the  beam  is  completely  released,  the  chaino- 
matic  crank  is  turned  rapidly  to  obtain  a  near  balance.  As  the 
liquid  dampens  the  motion  of  the  plummet,  a  final  reading  is  obtained 
by  approaching  the  “balance”  position  very  slowly,  both  from  above 
and  below,  alternately  three  times  in  each  direction.  The  final  read¬ 
ing  is  taken  as  the  average  of  these  six  readings,  the  maximum  differ¬ 
ence  among  which  will  seldom  exceed  0.00002  g/ml. 

The  beam  is  then  clamped,  the  valve,  V,  is  closed,  and  the  bath,  E, 
is  lowered  and  rotated  about  the  supporting  rod  away  from  the  sus¬ 
pended  plummet,  B.  The  latter  is  then  rinsed  by  immersion  in  a 
test  tube  containing  acetone,  twice  for  the  compounds  of  higher 
volatility  (C7  and  lower)  and  three  times  for  those  of  lower  volatility 
(C8  and  higher). 

'■A.  F.  Forziati  and  F.  D.  Rossini,  National  Bureau  of  Standards.  American  Petroleum  Institute 
Research  Project  6.  Unpublished  data. 
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A  period  of  10  minutes  is  allowed  for  ike  plummet  to  become  dry 
before  immersing  it  in  the  next  sample.  During  this  interval,  test 
tube  1  is  removed  from  the  small  bath,  E,  the  outside  of  the  test  tube 
is  dried  with  a  clean  cloth,  the  sample  is  transferred  to  its  original 
container,  and  the  tube  is  cleaned  by  means  of  several  rinsings  with 
acetone  and  placed  on  the  suction  rack  for  drying. 

At  the  beginning,  middle,  and  end  of  each  series  of  measurements, 
one  of  the  standard  reference  liquids  (2,2,4-trimethylpentane  for 
paraffins,  methylcyclohexane  for  naphthenes,  and  toluene  for  aro¬ 
matics)  is  included  among  the  samples  measured  in  order  to  check  the 
calibration  of  the  balance  (see  following  section). 

The  above  procedure,  which  requires  about  20  minutes  per  sample 
in  steady  operation,  is  that  followed  for  the  precise  measurements  on 
purified  hydrocarbons.  For  routine  analytical  measurements  (to 
±0.0001  g/ml)  on  a  series  of  fractions  of  distillate,  considerable  time 
is  saved  bv  eliminating  some  of  the  above  steps;  reducing  the  time 
of  waiting  for  temperature  equilibrium,  eliminating  some  of  the  cali¬ 
brations,  etc.  The  abbreviated  procedure  requires  about  10  minutes 
per  sample  in  steady  operation. 

IV.  CALIBRATION 

The  balance  was  calibrated  for  measurements  of  density  by  making 
observations  on  a  series  of  seven  hydrocarbons  (including  the  three 
NBS  Standard  Samples  of  hydrocarbons,  which  are  certified  with 
respect  to  values  of  density,  namely,  2,2,4-trimethylpentane,  No.  217; 
methylcyclohexane,  No.  218;  and  toluene,  No.  211  a),  for  which 
values  of  density  were  determined  5  under  the  supervision  of  E.  L. 
Peffer  in  the  Bureau’s  Capacity  and  Density  Section,  for  air-saturated 
material,  at  20°,  25°,  and  30°  C,  with  an  estimated  over-all  uncer¬ 
tainty  of  ±0.00002  g/ml.  In  reducing  the  scale  readings,  corrections 
(from  zero  to  0.00003  g/ml)  were  made  for  slight  inequalities  in  the 
spacing  of  the  notches  on  the  beam,  which  inequalities  were  determined 
by  measurements  with  known  masses  hanging  from  the  left  arm  of  the 
beam  as  the  rider  on  the  beam  was  moved  successively  from  one  notch 
to  another. 

The  results  of  the  observations  on  the  calibrating  samples  are 
given  in  figure  3,  which  gives  on  the  scale  of  abscissas  the  scale  reading 
and  on  the  scale  of  ordinates  the  scale  reading  less  the  certified  value 
of  density,  in  10-6  g/ml.  For  the  measurements,  the  balance  was 
adjusted  so  that,  for  2,2,4-trimethylpentane  (NBS  Standard  Sample 
217)  at  25°  C,  the  scale  reading  was  identical  with  the  certified  value 
for  this  temperature.  Linear  calibrating  lines  were  drawn  for  each 
of  the  three  temperatures,  as  shown,  with  the  line  for  25°  C  being 
made  to  go  through  zero  at  the  density  for  the  Standard  Sample 
of  2,2,4-trimethylpentane. 

Table  1  summarizes  departure  of  the  observed  points  in  figure  3 
from  the  appropriate  calibrating  line.  It  is  seen  that  the  maximum 
departure  is  ±0.00003  g/ml  and  that  the  average  departures  are 
±0.00002  g/ml. 

5  The  method  Is  described  in  Tech.  I'ap.  BS  T77 (1910)  and  Bui.  BS  9, 105  (1913)  S 1 07. 
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SCALE  READING 

Figure  3. — Calibrating  data  for  the  density  balance. 

The  scale  of  ordinate  gives  105  times  the  value  of  the  difference,  scale  reading  less  the  value  of  density  certi¬ 
fied  for  the  given  hydrocarbon,  at  the  given  temperature.  The  scale  of  abscissas  gives  the  scale  reading. 
The  three  sets  of  measurements  apply  to  20°,  25°,  and  30°  C,  as  indicated. 

Table  1.- — Departures  of  the  observations  on  the  certified  samples  from  the  respective 

calibrating  lines 


Sample 

Departure  of  the  observed  value 
from  the  value  given  by  the 
calibrating  line 

rc-Heptane.  ...  .  .............. 

20°  C 

25°  C 

30°  C 

IO-4  g/ml 

i  H 

-l 

l 

-l 

-l 

-m 

2M 

/0~s  g/ml 

lA 

0 

-3 

Vi 

3 

-3 

3 

IO-4  g/ml 

2,2,4-Trimethvlpentane _  ..  _  .  __  _ _ _ 

2J 

1 

-2H 

1 

2  H 
-2 

n-Decane  ..  .  ...  ..  . . 

Methylcyclohexane _ _ _  _ _ _ _ _ 

Cyclohexane.  _  _ _ _ _ _ _ _ 

Toluene. . . . . . . . . 

Benzene . . . .  . . . . 

Average _  ...  . . . . .  . 

±i  m 

±2 

±2 

V.  DISCUSSION 

As  the  density  of  liquid  hydrocarbons  changes  about  0.00001  g/ml 
for  a  change  in  temperature  of  0.01  deg  C,  and  as  the  sensitivity  of  the 
balance  is  0.00001  g/ml,  changes  in  temperature  of  the  sample  under 
observation  in  excess  of  0.01  deg  will  be  reflected  as  changes  in  the 
scale  readings  at  balance.  For  precise  work,  it  is  desirable  to  have  a 
thermometric  control  that  produces  a  maximum  variation  in  the 
temperature  of  the  sample  of  not  more  than  0.01  deg.  In  the  ap¬ 
paratus  assembled  in  this  laboratory,  the  thermometric  control 
produced  temperatures  having  a  maximum  variation  of  about  0.005 
deg.  The  absolute  value  of  the  temperature  of  the  measurements 
made  at  the  three  controlled  temperatures  was  determined  at  appro¬ 
priate  intervals  by  placing  a  platinum  resistance  thermometer  (25 
ohms)  in  place  of  the  plummet  and  determining  the  resistance  of  the 
platinum  thermometer  with  a  Mueller  bridge.  The  same  observa¬ 
tions  yielded  the  magnitude  of  the  variation  of  the  temperature. 
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Assembly  and  C  alibration  of  a  Density  Balance 

The  effect,  on  this  method  of  measuring  density,  of  differences  in 
surface  tension  of  the  samples  under  investigation,  with  resulting 
different  forces  on  the  thin  platinum  wire  supporting  the  plummet, 
was  calculated  to  be  negligible.  Because  the  surface  tension  of 
hydrocarbons  varies  in  a  more  or  less  regular  manner  with  density, 
the  main  effect  of  differences  in  surface  tension  in  going  from  hydro¬ 
carbons  of  low  density  to  those  of  high  density  becomes  incorporated 
as  part  of  the  calibration  correction.  The  net  effect  of  surface  tension 
then  reduces  to  the  effect  of  the  difference  in  surface  tension  for 
hydrocarbons  of  the  same  or  nearly  the  same  density.  Examination 
of  the  available  data  indicates  that,  in  the  range  of  density  0.60  to 
0.90,  hydrocarbons  of  the  same  or  nearly  the  same  density  have 
values  of  surface  tension  that  differ  by  not  more  than  about  one 
dyne/cm.  This  would  correspond  to  a  maximum  error  of  0.000005 
gm/ml  in  density. 

The  effect,  on  the  density,  of  absorption  by  the  hydrocarbon  of 
water  vapor  from  the  air  was  determined  by  measuring  the  difference 
between  the  density  of  a  sample  dried  by  filtration  through  silica  gel 
and  of  this  same  sample  subsequently  saturated  with  water.  The 
observed  differences,  density  of  sample  saturated  with  water  less  the 
density  of  the  dried  sample,  were  0.00001,  —0.00001,  and  —0.00003 
g/ml  for  2,2,4-trimethylpentane,  methylcyclohexane,  and  toluene, 
respectively.  During  the  measurements  on  the  material  saturated 
with  water,  a  globule  of  water  was  permitted  to  lie  at  the  bottom  of 
the  tube  containing  the  hydrocarbon.  With  normal  precautions,  it 
appears  that,  errors  from  this  source  are  well  within  the  limits  of 
uncertainty. 

In  order  to  ascertain  whether  the  measurements  as  made  are  for 
hydrocarbon  saturated  with  air,  the  difference  was  determined 
between  the  density  of  a  freshly  distilled  sample  and  of  this  same 
sample  subsequently  saturated  with  air.  The  observed  differences, 
density  of  freslily  distilled  sample  less  that  of  the  air-saturated  sample, 
were  —0.00001,  0.00001 ,  and  0.00001  g/ml  for  2,2,4-trimethylpentane, 
methylcyclohexane,  and  toluene,  respectively.  It  appears  that 
measurements  made  by  the  present  procedure  may  be  ascribed,  well 
within  the  limits  of  uncertainty,  to  hydrocarbon  material  saturated 
with  air. 

From  the  results  of  repeated  observations  on  various  samples,  the 
reproducibility  of  the  observations  made  with  this  density  balance  is 
estimated  to  be  ±0.00002  to  ±0.00003  g/ml.  From  the  data  given  in 
table  1  and  figure  3,  the  over-all  uncertainty  of  the  measurements  of 
density  of  a  given  sample  is  estimated  to  be  about  ±0.00005  g/ml. 


The  authors  are  indebted  to  E.  L.  Peffer,  chief  of  the  Bureau’s 
Capacity  and  Density  Section,  for  providing  the  absolute  values  of  the 
densities  of  the  reference  and  Standard  Samples  used  in  the  calibra¬ 
tions  reported  in  this  paper. 

Washington,  June  1,  1945. 
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Methods  of  Measuring  Humidity  and  Testing 

Hygrometers 

A  Review  and  Bibliography 

Arnold  Wexler  and  W.  G.  Brombacher 


This  paper  is  a  review  of  methods  for  the  measurement  of  the  water-vapor  content  of 
air  and  other  gases  and  for  the  production  and  control  of  atmospheres  of  known  humidity 
for  hygrometer  testing  and  calibration  and  for  general  research.  Among  the  hygrometric 
techniques  discussed  are  psychrometry,  mechanical  hygrometry,  dewpoint  measurement, 
electric  hygrometry,  gravimetric  hygrometry,  thermal  conductivity,  index  of  refraction, 
pressure  and  volume  measurements,  and  dielectric  constant.  Descriptions  are  given  of 
suitable  equipment  for  establishing  desired  humidities  over  a  wide  range  of  temperature. 
A  list  of  157  selected  references  pertaining  to  hygrometry  is  included. 


1.  Introduction 


The  conditions  under  which  the  relative  or  ab¬ 
solute  humidity  of  gases  are  measured,  recorded, 
or  controlled  vary  greatly,  and  as  a  result,  many 
methods  of  humidity  measurement  have  been  de¬ 
veloped  or  proposed.  However,  for  some  applica¬ 
tions  there  is  at  present  no  satisfactory  method 
available  for  such  measurements,  and  the  avail¬ 
able  information  on  methods  and  instruments  for 
measuring  humidity  is  quite  scattered.  This  Cir¬ 
cular,  with  the  appended  references,  is  intended 
to  answer  inquiries  on  humidity  measurement  in 
a  more  comprehensive  manner  than  may  be  done 
by  correspondence. 

Knowledge  of  the  moisture  content  of  solid  ma¬ 


terials,  particularly  paper,  wood,  and  grain,  is 
often  required  during  some  stage  of  processing  or 
storage.  The  equipment,  known  as  moisture 
meters,  used  for  this  purpose  is  not  discussed  in 
this  Circular. 

In  many  cases  a  substantial  gaseous  equilibrium 
exists  between  the  solid  and  the  surrounding  at¬ 
mosphere.  A  satisfactory  determination  of  the 
moisture  content  of  the  solid  can  be  made  by  the 
relatively  easy  measurement  of  the  humidity  of 
the  atmosphere,  once  the  relation  between  the  two 
has  been  established.  The  same  is  true,  of  course, 
for  liquids  of  definite  composition,  except  that 
the  water  content  may  vary. 


2.  Definitions 


Relative  humidity  is  the  ratio,  usually  expressed 
in  percent,  of  the  pressure  of  water  vapor  in  the 
gas  to  saturation  pressure  of  water  vapor  at  the 
temperature  of  the  gas.  In  engineering,  relative 
humidity  is  sometimes  defined  as  the  ratio  of  the 
weights  per  unit  volume  of  the  water  vapor  in  the 
gas  mixture  and  the  saturated  vapor  at  the  tem¬ 
perature  of  the  gas  mixture.  The  two  definitions 
are  equivalent  for  all  practical  purposes. 

Absolute  humidity  of  a  gas  mixture  may  be  de¬ 
fined  as  the  pressure  of  water  vapor,  or  as  the 
weight  per  unit  volume  of  water  vapor. 

Specific  humidity ,  a  term  of  use  in  air  condi¬ 


tioning,  is  the  weight  of  water  vapor  in  air  per 
unit  weight  of  the  dry  air. 

Dewpoint  is  the  temperature  to  which  water 
vapor  must  be  reduced  in  order  to  obtain  a  relative 
humidity  of  100  percent  that  is,  to  obtain  satura¬ 
tion  vapor  pressure. 

Instruments  from  which  the  relative  humidity 
is  determined  are  called  either  psychrometers  or 
hygrometers.  Generally,  the  dry-  and  wet-bulb 
instrument  (described  later)  is  called  a  psychrom- 
eter,  and  direct  indicators  of  relative  humidity 
are  called  hygrometers. 

Hygrographs  are  recorders  of  relative  humidity. 
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3.  Classification  of  Instruments 


Humidity-measuring  instruments  and  methods 
may  be  divided  into  the  following  classes  for  con¬ 
venience.  No  exhaustive  search  of  the  literature 
was  made  to  insure  a  complete  listing  of  all  pro¬ 
posed  instruments,  so  that  it  is  anticipated  that 
some  omissions  exist. 

Dry-  and  wet-bulb.  Measurements  depending 
on  the  change  in  temperature  due  to  rate  of  evap¬ 
oration  from  wet  surfaces,  an  example  of  which 
is  the  dry-  and  wet-bulb  or  sling  psychrometer. 

Mechanical  hygrometers.  Measurement  of  a 
change  in  a  dimension  of  an  absorbing  material, 
such  as  human  hair  or  goldbeater’s  skin. 

Dewpoint  indicators  and  recorders.  Instru¬ 
ments  which  indicate  or  record  the  temperature 
at  which  dew  from  the  gas  ( air  and  water  vapor) 
mixture  under  test  will  just  form.  A  common 
type  employs  a  mirror  for  observing  the  forma¬ 
tion  of  the  dew. 

Electrical  hygrometer.  Measurement  of  the 
electrical  resistance  of  a  film  of  moisture  absorb¬ 
ing  material  exposed  to  the  gas  under  test. 

Gravimetric  hygrometer.  Measurement  of 
weight  of  moisture  absorbed  by  a  moisture  absorb¬ 
ing  material. 

(a)  Increase  in  weight  of  a  drying  agent  as  gas 
with  a  constant  moisture  content  is  passed 
through  it. 

(b)  Change  in  weight  of  an  absorbing  material 
with  change  in  moisture  content  of  the  gas  under 
test. 

Thermal  conductivity  method.  Measurement 


of  the  variation  in  thermal  conductivity  of  a  gas 
sample  with  water  vapor. 

Spectroscopic  method.  Measurement  of  the 
change  in  intensity  of  selected  absorbing  spectral 
lines  with  change  in  humidity  of  the  gas  under 
test. 

Index  of  refraction.  Measurement  of  change 
in  index  of  refraction  of  a  moisture  absorbing 
liquid  with  change  in  ambient  humidity. 

Pressure  or  volume.  Measurement  of  the  pres¬ 
sure  or  volume  of  the  water  vapor  in  a  gas  sample. 

Thermal  rise.  Measurement  of  the  tempera¬ 
ture  rise  of  a  material  exposed  to  water  vapor. 

Mobility  of  ions.  Measurement  of  the  change  in 
mobility  of  ions  due  to  the  presence  of  water 
vapor. 

Dielectric  constant.  Measurement  of  the  dielec¬ 
tric  constant  of  a  gas  with  change  in  water-vapor 
content. 

Critical  flow.  Measurement  of  the  variation  of 
pressure  drop  across  two  combinations  of  nozzles, 
operating  at  critical  flow,  with  a  desiccant  be¬ 
tween  one  pair  of  nozzles. 

Diffusion  hygrometer.  Measurement  of  effects 
due  to  diffusion  of  gases  with  and  without  water 
vapor. 

Chemical  methods.  Procedures  involving 
chemical  reactions  or  phenomena. 

For  sources  of  supply  for  the  instruments  in¬ 
dicated  as  commercially  available,  consult  Thomas 
Register  of  American  Manufacturers  or  The 
Instruments  Index. 


4.  Description  of  Instruments 


4.1.  Dry- and  Wet-Bulb  Psychrometer 

The  psychrometric  method  of  determining  hu¬ 
midity  is  of  importance  in  the  fields  of  meteor¬ 
ology,  air  conditioning,  refrigeration,  and  the  dry¬ 
ing  of  foods,  lumber,  etc.  Its  basic  simplicity  and 
fundamental  calibration  have  made  it  the  dom¬ 
inant  means  for  measuring  the  moisture  content 
of  air.  The  elemental  form  of  the  psychrometer 
comprises  two  thermometers.  The  bulb  of  one 
thermometer  is  covered  with  a  moistened  cotton 
or  linen  wick  and  is  called  the  wet-bulb,  whereas 
the  bulb  of  the  other  thermometer  is  left  bare  and 
is  referred  to  as  the  dry-bulb.  The  evaporation 
of  water  from  the  moistened  wick  of  the  wet-bulb 
thermometer  produces  a  lowering  in  temperature 
and  from  the  readings  of  the  two  thermometers 
and  the  air  or  gas  pressure,  the  humidity,  abso¬ 
lute  or  relative,  may  be  determined.  It  is  current 
standard  practice  to  ventilate  the  thermometers 
by  slinging,  whirling,  or  forced-air  circulation. 

To  obtain  the  relative  or  absolute  humidity,  the 
relation  between  the  wet-  and  dry-bulb  readings 


and  the  actual  pressure  of  the  water  vapor  must 
be  known.  This  correlation  was  obtained  by 
Ferrel  (26)1 *  in  1886,  based  on  the  data  of  Marvin 
and  Hazen,  who  made  numerous  observations  of 
wet-  and  dry-bulb  readings  with  sling  and  whirled 
psychrometers  and  simultaneous  determinations 
of  dewpoints  with  Regnault  and  Alluard  dew¬ 
point  apparatus.  Ferrel,  after  reducing  these 
data,  fitted  them  into  the  expression 

e-=e'-AP(t-t') 

where,  in  metric  units, 

A  =  6.60X  10-4  (1  +  0.001150 
e= partial  pressure  of  water  vapor  in  mm  Hg 
at  the  dry-bulb  temperature  t° C 
e'  —  saturation  pressure  of  water  vapor  in  mm 
Hg  at  the  wet-bulb  temperature  t'° C 
P=  total  pressure  (which,  in  the  case  of  mete¬ 
orological  observations,  is  atmospheric 
pressure)  in  mm  Hg 

1  Figures  in  parentheses  indicate  the  literature  references  at 

the  end  of  this  paper. 
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and  where,  in  English  units, 

A  =  3.67  X  1(+4  [1  +  0.00064  (*'-32)] 
e=  partial  pressure  of  water  vapor  in.  Hg  at 
the  dry-bulb  temperature  UF. 
e'  =  saturation  pressure  of  water  vapor  in  in. 

Hg  at  the  wet-bulb  temperature  t'°¥ 
P=  total  pressure  in  in.  Hg. 

Starting  from  fundamental  concepts,  several 
theories  have  been  developed  that  attempt  to  ex¬ 
plain  the  phenomena  that  occur  at  the  wet-bulb 
and  which,  at  the  same  time,  yield  expressions  of 
the  form  used  by  Ferrel.  The  first  equations  for 
use  in  psychrometry  were  developed  by  Ivory  (21) 
in  1822  and  extended  by  August  (22)  in  1825  and 
Apjohn  (23)  in  1837.  The  so-called  convection 
theory  is  the  result  of  their  work.  In  1911,  Car¬ 
rier  (28,  42)  and  in  1922,  Lewis  (40)  reestab¬ 
lished  the  basis  of  this  theory  and  renamed  it  the 
adiabatic  saturation  theory.  This  theory,  which 
depends  on  a  heat  balance  at  the  wet-bulb,  found 
wide  acceptance  in  the  air-conditioning  and  re¬ 
frigerating  industries  and  has  been  used  exten¬ 
sively  in  the  construction  of  phychrometric  charts. 
The  agreement  between  theory  and  experimental 
data  was  investigated  by  Carrier  (28)  and  Drop- 
kin  (87).  Their  results  indicate  that  for  most 
work  of  engineering  accuracy,  the  adiabatic  satu¬ 
ration  theory  is  adequate  for  predicting  the  vapor 
pressure  of  water  vapor  from  wet-  and  dry-bulb 
readings.  Maxwell  (11)  .in  1877  deduced  an 
equation  based  on  the  diffusion  of  heat  and  vapor 
through  a  surface  gas  film  on  the  wet-bulb.  In 
recent  years,  further  work  has  been  done  experi¬ 
mentally  (71)  and  theoretically  (73)  on  psycho¬ 
metric  theory,  and  in  reviewing  the  subject  (93). 

As  the  psychrometric  formula  gives  the  partial 
pressure  of  the  water  vapor  of  the  gas  under  test, 
a  computation  is  necessary  to  convert  to  humidity 
in  other  terms.  The  relative  humidity,  for  ex¬ 
ample,  is  obtained  from  the  equation 

RH=  —  X100, 

es 

where 

e  =  the  partial  pressure  of  water  vapor  as  de¬ 
termined  by  the  psychrometric  formula 

es=the  saturation  pressure  of  water  vapor  at 
the  dry-bulb  temperature 
RH—  the  relative  humidity,  in  percent. 

In  practice,  calculations  directly  involving  the 
use  of  the  psychrometric  formula  are  rarely  made. 
The  customary  procedure  is  to  employ  tables  (1, 
4,  5, 7, 13, 14, 15, 16, 18, 44,  67,  81,  and  96)  or  charts 
or  curves  (1,  9,  18,  77,  82,  100,  107,  115)  that  con¬ 
veniently  and  rapidly  yield  the  relative  humidity, 
vapor  pressure,  or  dewpoint  from  the  dry-  and 
wet-bulb  thermometer  readings  and  the  air 
pressure. 

The  sling  psychrometer  (1,  8,  12,  15,  60),  using 
two  mercury  thermometers,  is  the  common  form  of 


this  instrument.  It  is  relied  upon  principally  by 
meteorologists  and  is  widely  used  by  other  scien¬ 
tists  and  by  engineers  for  measuring  relative  hu¬ 
midity.  Ventilation  is  obtained  by  swinging  the 
thermometers  to  produce  a  minimum  air  velocity 
of  900  ft/min  at  sea  level  (higher  at  altitude). 
It  is  supplied  by  firms  manufacturing  meteoro¬ 
logical  instruments  and  by  many  laboratory  appa¬ 
ratus  supply  houses.  Stationary  thermometers, 
with  ventilation  produced  by  a  motor-driven  fan 
or  blowTer  integral  with  the  instrument,  are  known 
as  Assmann  or  aspiration  psychrometers  (1,  8,  12, 
60).  These  are  also  commercially  available  from 
a  smaller  number  of  firms.  Unventilated  psy¬ 
chrometers  are  unreliable  and  hence  rarely  used. 

In  addition  to  the  mercury-in-glass  thermom¬ 
eter,  other  temperature  measuring  devices  may  be 
adapted  for  psychrometric  use.  Resistance  ther¬ 
mometers  (47,  64,  70)  thermocouples  (68,  69,  72, 
89,  90,  108),  and  bimetal  thermometers  (148)  can 
be  used  for  both  indicating,  recording,  and  con¬ 
trol.  Thermocouples  are  of  special  interest  where 
low  lag  is  important,  where  there  is  little  or  no 
ventilation  (72,  89,  90)  or  where  very  low  rela¬ 
tive  humidities  (91)  are  to  be  measured. 

Instead  of  direct  temperature  measurements, 
the  temperature  of  the  thermometers  may  be 
equalized  (140).  In  this  method  the  tempera¬ 
ture  of  the  wet-bulb  is  raised  to  that  of  the  dry- 
bulb  and  the  heat  measured  which  is  required  to 
maintain  equilibrium.  This  is  accomplished  by 
winding  a  manganin  wire  heater  around  the  wet- 
bulb  and  under  the  wick  and  measuring  the  cur¬ 
rent  when  the  wet-  and  dry-bulb  thermometers 
read  alike.  A  convenient  arrangement  utilizes  a 
differential  thermocouple  psychrometer  whose 
output  is  read  on  a  galvanometer.  The  current 
to  the  wet-bulb  heater  is  adjusted  until  the  gal¬ 
vanometer  no  longer  deflects. 

The  psychrometric  method  often  may  be  ap¬ 
plied  in  specialized  or  unconventional  conditions. 
At  temperatures  below  freezing,  the  psychrometer 
continues  to  function,  but  the  magnitude  of  the  de¬ 
pression  is  greatly  reduced  and  proper  precautions 
must  be  taken  to  obtain  reliable  data  (121).  At 
elevated  temperatures  or  low  relative  humidities, 
special  instruments  (56),  tables  (67)  and  tech¬ 
niques  (74)  must  be  used.  Most  tables  and  charts 
are  designed  for  use  at  atmospheric  pressures. 
When  low  or  high  pressures  are  encountered,  either 
special  tables  (15,  44)  or  charts  (82)  must  be  used 
or  the  relative  humidity  must  be  computed. 

Where  the  moisture  content  of  gases  other  than 
air  is  to  be  determined,  the  psychrometric  constant 
A  must  be  modified,  to  account  for  the  physical 
properties  of  the  particular  gas.  Values  of  A  for 
several  mono-,  di-  and  triatomic  gases  are  given 
by  Brauckhoff  (143). 

Among  the  factors  influencing  the  performance 
and  accuracy  of  the  psychrometric  method  are  (a) 
the  sensitivity,  accuracy  and  agreement  in  reading 
of  the  thermometers,  (b)  the  speed  of  air  past  the 
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wet-bulb  thermometer,  (c)  radiation,  (d),  the  size, 
shape,  material  and  wetting  of  the  wick,  (e)  the 
relative  position  of  the  dry-  and  wet-bulb  ther¬ 
mometers,  and  (f)  the  temperature  and  purity 
of  the  water  used  to  wet  the  wick.  A  discussion 
of  these  factors  will  be  found  in  (1,  8,  12,  15,  35, 
37,  46,  60,  74,  78,  90,  98,  121,  151) . 

The  thermometers  used  in  psychrometry  should 
be  high-grade  matched  instruments,  else  appre¬ 
ciable  error  may  be  introduced.  While  a  calibra¬ 
tion  of  the  thermometers  is  desirable,  an  inter- 
comparison  at  several  temperatures  to  determine 
whether  they  read  alike  usually  suffices.  In  addi¬ 
tion,  when  high  accuracy  is  desired  and  low  rela¬ 
tive  humidities  are  measured,  corrections  for  the 
emergent  stem  of  the  wet-bulb  thermometer 
should  be  applied. 

Thermometer  errors  may  combine  in  several 
ways  to  influence  the  accuracy  of  the  relative  hu¬ 
midity.  Thus  either  the  dry-bulb  thermometer  or 
the  wel  -bulb  thermometer  or  both  may  be  in  error. 
The  magnitude  of  the  error  in  relative  humidity 
will  depend  not  only  on  the  magnitude  of  the 
thermometer  errors,  but  also  on  their  particular 
combination,  since  both  the  dry-bulb  temperature 
and  the  wet-bulb  depression  are  required  for  a 
determination.  Occasionally,  in  psychrometric 
work,  instead  of  measuring  both  the  dry-  and  wet- 
bulb  temperatures  separately,  the  dry-bulb  tem¬ 
perature  and  the  wet-bulb  depression  are  meas¬ 
ured,  from  which  the  wet-bulb  temperature  can 
be  computed  for  use  in  entering  commonly  avail¬ 
able  tables.  The  latter  is  obtained  by  measuring 
the  temperature  difference  with,  say,  a  differential 
thermocouple,  one  end  of  which  is  maintained  dry 
and  the  other  wet.  Here  the  errors  may  occur 
either  in  the  dry-bulb  measurement  or  in  the  de¬ 
pression  measurement  or  in  both.  Errors  in  the 
depression,  however,  may  be  considered  as  equiva¬ 
lent  to  errors  in  the  wret-bulb  reading,  so  that  es¬ 
sentially  the  combinations  of  errors  are  the  same 
as  those  first  listed. 

In  order  to  obtain  an  estimate  of  the  errors  in 
relative  humidity  arising  from  thermometer  er¬ 
rors,  it  will  be  assumed  that  psychrometric  meas¬ 
urements  are  made  at  atmospheric  pressure  (29.92 
in.  Hg),  at  dry-bulb  temperatures  of  150°,  100°, 
75°,  50°,  and  32°  F,  and  at  wet-bulb  depressions  of 
0.1,  1.0,  and  10°  F.  For  these  given  conditions, 
the  errors  in  relative  humidity,  due  to  (a)  a  nega¬ 
tive  error  of  1°  F  in  wet-bulb  temperature  with 
the  dry-bulb  temperature  correct,  (b)  a  positive 
error  of  1°  F  in  dry-bulb  temperature  with  the 
wet-bulb  temperature  correct,  (c)  an  error  of  1° 
F  in  dry-bulb  temperature  and  an  error  of  1°  F 
in  wet-bulb  temperature,  both  errors  being  nega¬ 
tive,  and  (d)  a  positive  error  of  1°  F  in  dry-bulb 
temperature  and  a  negative  error  of  1°  F  in  wet- 
bulb  temperature,  have  been  determined  and  are 
given,  correspondingly,  in  table  1.  It  is  seen  in 
(c),  table  1,  that  the  errors  are  greatly  reduced  if 
the  thermometers  are  matched. 


Table  1.  Error  in  relative  humidity  due  to  uncorrected 
errors  in  the  thermometers 


(a)  Dry  bulb  thermometer  reads  correctly;  wet  bulb  thermometer 
reads  1  deg  F  low 

Dry  bulb  tem¬ 
perature 

Error  in  relative  humidity  at  a  wet  bulb  depression 
of— 

0.1  deg  F 

1.0  deg  F 

10  deg  F 

°F 

% 

% 

% 

150 

2.  6 

2.6 

2.  1 

100 

3.6 

3.5 

2.9 

75 

4.6 

4.5 

3.7 

50 

6.7 

6.6 

5.6 

32 

10.  5 

10.3 

(b)  Dry  bulb  thermometer  reads  1  deg  F  high;  wet  bulb  thermometer 

reads  correctly 

Dry  bulo  tem¬ 
perature 

Error  in  relative  humidity  at  a  wet  bulb  depression 
of— 

0.1  deg  F 

1.0  deg  F 

10  deg  F 

°  F 

% 

% 

% 

150 

2.6 

2.  5 

2.0 

100 

3.5 

3.4 

2.6 

75 

4.5 

4.4 

3.  1 

50 

6.6 

6.4 

4.3 

32 

9.8 

9.4 

(c)  Dry  bulb  thermometer  reads  1  deg  F  low;  wet  bulb  thermometer 
reads  1  deg  F  low 

Dry  bulb  tem¬ 
perature 

Error  in  relative  humidity  at  a  wet  bulb  depression 
of— 

0.1  deg  F 

1.0  deg  F 

10  deg  F 

°  F 

% 

% 

% 

150 

0.00 

0.02 

0. 11 

100 

.00 

.03 

.32 

75 

.00 

.05 

.  51 

50 

.00 

.  11 

1.  24 

32 

.02 

.26 

(d)  Dry  bulb  thermometer  reads  1  deg  F  high;  wet  bulb  thermometer 
reads  1  deg  F  low 

Dry  bulb  tem¬ 
perature 

Error  in  relative  humidity  at  a  wet  bulb  depression 
of— 

0.1  deg  F 

1.0  deg  F 

10  deg  F 

°F 

% 

% 

% 

150 

5.  1 

5.0 

4.  1 

100 

7.0 

6.8 

5.4 

75 

8.9 

8,  7 

6.  7 

50 

13.0 

12.  7 

9.8 

32 

19.  8 

19.3 

The  psychrometric  constant,  A ,  in  the  Ferrel 
formula  is  not  invariant  but  is  a  function  of  the 
velocity  of  ventilation  across  the  wet-bulb  ther¬ 
mometer,  and  reaches  a  minimum  value  as  the 
velocity  is  increased.  This  is  reflected  as  a  maxi¬ 
mum  wTet-bulb  depression.  Any  further  increase 
in  velocity  wdll  have  negligible  effect.  When  the 
velocity  is  sufficiently  high  so  that  A,  is  constant, 
then  the  magnitude  of  the  velocity  need  not  be 
measured  or  estimated.  For  most  mercury-in¬ 
glass  thermometers  with  bulbs  14-inch  diameter  or 
less,  the  acceptable  minimum  rate  of  ventilation  is 
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900  ft/min.  If  this  velocity  is  not  achieved,  then 
the  measured  wet-bulb  depression  will  not  be  a 
maximum,  and  the  use  of  the  psyehrometric  for¬ 
mula,  tables  or  charts  will  yield  values  of  relative 
humidity  that  are  too  high. 

The  heat  absorbed  by  the  wet-bulb  due  prin¬ 
cipally  to  radiation  tends  to  raise  the  wet-bulb 
temperature  so  that  a  true  depression  is  not  at¬ 
tained.  To  minimize  this  effect,  radiation  shield¬ 
ing  is  commonly  employed.  One  method  of  such 
shielding,  successfully  used  in  some  ventilated  psy- 
chrometers,  is  to  surround  the  wet-bulb  with  an 
external  primary  metal  shield  and  to  insert  an 
auxiliary  shield  between  the  primary  external 
shield  and  the  wet-bulb,  this  auxiliary  shield  being 
covered  with  a  wick  so  that,  upon  moistening,  the 
auxiliary  shield  may  be  brought  close  to  the  wet- 
bulb  temperature  thereby  practically  eliminating 
the  source  of  radiation  and  conduction  due  to  the 
difference  between  the  dry-  and  wet-bulb  tem¬ 
peratures. 

The  function  of  the  wick  is  to  retain  a  thin  film 
of  water  on  the  wet-bulb  so  that  evaporation  may 
continue  until  the  true  wet-bulb  temperature  is 
reached.  Cotton  or  linen  tubing  of  a  soft  mesh 
weave  serves  well  for  this  purpose  because  of  its 
excellent  water-absorbent  properties.  Sizing  in 
the  wick  material,  encrustations  forming  after  use 
and  lack  of  a  snug  fit  interfere  with  the  mainte¬ 
nance  of  a  continuous  film  of  water.  Substances 
in  solution  in  the  wick  water,  due  either  to  im¬ 
purities  on  the  wick  or  in  the  water  used  for  mois¬ 
tening  will  change  the  saturation  vapor  pressure 
of  water  and  hence  affect  the  results.  Wicks 
should  therefore  be  cleaned  and  replaced  fre¬ 
quently,  and  distilled  water  should  be  used  for 
moistening.  The  wick  should  extend  beyond  the 
bulb  and  onto  the  stem  of  the  thermometer,  for  an 
inch  or  so,  in  order  to  reduce  heat  conduction 
along  the  stem  to  the  bulb. 

Although  the  temperature  of  the  water  used  to 
moisten  the  wick  is  often  at  dry-bulb  temperature, 
it  should  be  preferably  that  of  the  wet-bulb  or 
slightly  higher.  The  use  of  water  that  has  been 
brought  to  the  wet-bulb  temperature  is  especially 
important  when  the  ambient  temperature  is  high 
and  when  the  relative  humidity  is  low. 

If  the  temperature  of  the  water  used  to  wet 
the  bulb  is  too  high,  it  may  take  a  long  time  for 
the  bulb  to  cool  to  wet-bulb  temperature,  and 
before  this  point  is  reached  the  water  may  have 
evaporated  sufficiently  so  that  the  thermometer 
never  reaches  the  wTet-bulb  temperature.  If  the 
moistening  water  temperature  is  appreciably 
lower  than  the  wet-bulb  temperature,  the  ther¬ 
mometer  temperature  will  climb  throughout  the 
period  of  ventilation,  remaining  constant  at  the 
wet-bulb  temperature  only  as  long  as  there  is  suf¬ 
ficient  water  to  keep  the  bulb  surrounded  with  a 
film  of  water.  If  the  temperature  of  the  water 
used  for  moistening  is  at,  or  slightly  above  or 
below,  the  wet-bulb  temperature,  then  the  wet- 


bulb  will  remain  or  quickly  attain  the  wet-bulb 
temperature  and  remain  at  this  value  for  an  ap¬ 
preciable  length  of  time  so  that  it  can  be  read 
easily  and  accurately. 

A  separation  of  the  dry-  and  wet-bulbs  is  nec¬ 
essary  in  order  to  prevent  the  air  that  passes  the 
wet-bulb,  and  is  thereby  cooled  by  the  evaporating 
water,  from  contacting  the  dry-bulb  and  giving 
rise  to  an  erroneous  dry-bulb  reading.  To  avoid 
this,  the  thermometers  may  be  arranged  so  that 
the  air  flows  across  the  dry-bulb  before  it  reaches 
the  wet-bulb  or  the  air  sample  may  be  divided  so 
that  one  part  flows  across  the  wet-bulb  and  the 
other  part  across  the  dry-bulb. 

4.2.  Mechanical  Hygrometer 

In  hygrometers  of  this  type,  human  hair  is  com¬ 
monly  used  as  the  sensing  element.  In  indicators 
the  midpoint  of  a  bundle  of  hairs  under  tension 
is  connected  by  the  simplest  possible  lever  system 
to  a  pointer.  In  recorders  a  pen  arm,  which  is 
substituted  for  the  pointer,  traces  an  ink  record 
on  a  clock-driven  drum. 

The  hair  hygrometer  indicates  relative  humid¬ 
ity  directly  over  a  wide  range  of  temperature,  but 
its  reliability  rapidly  decreases  as  the  ambient 
temperature  decreases  below  freezing  (0°  C). 

At  temperatures  below  freezing  (0°  C)  the  hair 
hygrometers  indicate  relative  humidity  in  terms 
of  the  vapor  pressure  of  supercooled  water,  not 
that  of  ice  (117) . 

The  chief  defect  is  the  lack  of  stability  of  the 
calibration  under  usual  conditions  of  use.  How¬ 
ever,  tests  recently  completed  at  this  Bureau  on 
two  good  quality  recorders  indicated  little  aver¬ 
age  shift  in  calibration  over  a  period  of  almost  1 
year;  the  hysteresis  (difference  in  indication,  hu¬ 
midity  increasing  and  decreasing)  was  of  the 
order  of  3-percent  relative  humidity.  See  (1,  8, 
12,  38,  45,  83,  88,  117)  for  performance  data. 

Reliable  data  on  the  lag  of  the  hair  hygrometer 
are  lacking,  particularly  at  low  temperatures. 
Suddenly  subjecting  hygrometers  at  about  25°  C 
to  a  change  in  relative  humidity  requires  of  the 
order  of  5  minutes  to  indicate  90  percent  of  the 
change  in  relative  humidity;  this  time  interval  in¬ 
creases  with  decrease  in  temperature  of  the  hairs, 
and  is  of  the  order  of  10  times  greater  at  —10°  C. 
The  effect  of  temperature  on  the  calibration  of 
hygrometers  commercially  available  is  not  well  es¬ 
tablished  for  temperatures  below  0°  C. 

At  the  best,  indications  of  the  hair  hygrometer 
have  a  reliability  of  about  3  percent  in  relative 
humidity  at  room  temperature  when  exposed  to  a 
constant  relative  humidity  long  enough  to  obtain 
equilibrium.  The  large  time  lag  of  the  hair  hy¬ 
grometer  is  a  serious  barrier  to  accuracy  if  chang¬ 
ing  humidity  is  being  measured. 

The  hair  hygrometer  is  made  by  a  large  num¬ 
ber  of  industrial  instrument  companies,  including 
meteorological  instrument  firms;  the  hair  hygro- 
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graph  (recorder)  is  made  by  a  smaller  but  still 
large  number  of  these  firms. 

The  hair  element  with  suitable  accessories  is 
widely  used  as  a  humidity  controller  in  air-condi¬ 
tioning  and  other  applications.  The  zero  shift  so 
evident  in  instruments  measuring  ambient  humid¬ 
ity  is  less  troublesome  when  the  relative  humidity 
about  the  element  is  maintained  nearly  constant 
(50,  62,  129).  Controllers  are  available  from  a 
sizable  number  of  industrial  instrument  firms. 

A  recent  development  in  this  country  has  been 
the  use  of  goldbeater’s  skin  in  disk  form  by  Serdex 
(139).  It  is  claimed,  but  not  yet  generally  ac¬ 
cepted,  that  the  performance  is  essential  better 
than  that  of  the  human-hair  type.  See  (134)  for 
performance  data  at,  low  temperatures;  as  for  the 
hair  hygrometer,  the  indication  at  temperatures 
below  freezing  of  instruments  reading  correctly 
above  freezing,  is  in  terms  of  relative  humidity  of 
the  vapor  pressure  of  supercooled  water. 

Many  organic  materials  are  hygroscopic.  Thus 
wood  fibers  have  been  used  as  a  sensing  element. 
Also  plastics  (152)  in  a  form  similar  to  bimetal 
have  some  application  and  perhaps  are  the  most 
open  to  exploration.  A  cotton  filament  as  a  tor¬ 
sion  element  (53)  has  been  tried.  None  of  these 
seem  to  give  essentially  better,  if  as  good  perform¬ 
ance  as  human  hair  and  thus  far  have  had  only 
limited  application. 

4.3.  Dewpoint  Indicators  and 
Recorders 

When  water  vapor  is  cooled,  a  temperature 
is  reached  at  which  the  phase  changes  to  liquid 
or  solid.  At  this  temperature,  condensation  con¬ 
tinues  until  an  equilibrium  between  the  vapor  and 
liquid  or  solid  phase  is  established.  The  tempera¬ 
ture  at  which  the  vapor  and  liquid  or  vapor  and 
solid  phases  are  in  equilibrium  uniquely  fixes  the 
pressure  of  the  vapor  phase  (saturation  vapor 
pressure)  and  therefore  determines  the  absolute 
humidity. 

If  the  temperature  at  which  water  vapor  must 
be  cooled  for  it  to  be  in  equilibrium  with  its  liquid 
or  ice  state  is  measured,  then  the  humidity  is  ob¬ 
tained  directly  from  it.  The  dewpoint  method 
provides  a  convenient  technique  for  ascertaining 
this  temperature.  Basically,  the  procedure  is  to 
reduce  the  temperature  of  a  mirror  until  dew  or 
frost  just  condenses  from  the  surrounding  air  or 
gas  sample.  The  temperature  at  the  surface  of 
the  mirror  at  the  instant  dew  or  frost  appears 
is  defined  as  the  dewpoint.  If  the  temperature  of 
the  air  or  gas  sample  is  measured  and  the  initial 
humidity  of  the  sample  surrounding  the  mirror 
is  kept  unaltered,  the  initial  relative  humidity 
can  be  computed  from  a  knowledge  of  the  satura¬ 
tion  vapor  pressures  at  the  two  temperatures. 

It  should  be  noted  that  the  formation  of  frost 
is  not  always  positive  because  of  the  lack  of  a 


crystal  nucleus,  so  that  supersaturation  may  occur. 
Supersaturation  is  less  likely  to  occur  with  respect 
to  the  liquid  phase  than  with  the  ice  phase.  At  a 
given  saturation  pressure,  if  ice  does  not  form 
on  the  mirror,  dew  will  form  as  the  mirror  tem¬ 
perature  is  lowered,  hence  there  is  always  a  little 
uncertainty  whether  the  first  clouding  of  the  mir¬ 
ror  represents  the  dewpoint  (with  condensed 
water)  or  the  frost  point. 

Values  of  the  saturation  vapor  pressure  of 
water,  at  temperature  above  and  below  freezing, 
are  readily  available  in  various  handbooks  and 
compilations  (1,  2,  4,  6, 15, 16, 17, 18, 128) .  There 
is  some  discordance  in  the  values  given  in  the 
listed  references.  However,  for  most  applications 
in  the  field  of  humidity  measurement  or  control, 
there  is  little  to  be  gained  in  the  use  of  any  one 
table  in  preference  to  the  others.  The  values 
given  in  table  2  are  reproduced  from  the  Smith¬ 
sonian  Meteorological  Tables  (16).  At  tempera¬ 
tures  below  0°  C,  the  saturation  vapor  pressures 
refer  to  water  vapor  in  equilibrium  over  ice.  Sat¬ 
uration  vapor  pressures  of  water  vapor  below  0° 
C  in  equilibrium  over  bupercooled  water  are  given 
in  table  3  and  are  reproduced  from  the  Interna¬ 
tional  Critical  Tables  (17). 

The  dewpoint  instrument  serves  as  a  useful  re¬ 
search  tool  for  the  determination  of  humidity  in 
meteorology  as  well  as  for  the  determination  of 
water  vapor  content  in  flue  gases,  gasoline  vapors, 
furnace  gases,  compressed  gages,  and  closed  cham¬ 
bers.  While  the  dewpoint  instrument  has  been 
under  considerable  development  in  the  past  dec¬ 
ade,  principally  along  the  line  of  improving  the 
temperature  control,  means  of  indication,  and  au¬ 
tomatic  recording,  it  has  been  used  in  elemental 
form  as  far  back  as  the  early  part  of  the  last 
century.  Dalton  and  Daniells  used  simple  dew¬ 
point  hygrometers.  Regnault  (24)  developed  an 
instrument  that  has  been  used  as  a  prototype  and 
standard  for  many  years  in  the  measurement  of 
atmospheric  humidity.  Essentially,  it  consisted 
of  a  thin  polished  silver  thimble  containing  ether. 
Air  was  aspirated  through  the  ether  to  cause 
evaporation  and  hence  cooling  of  the  thimble. 
The  temperature  of  the  ether  at  the  appearance 
and  disappearance  of  dew  was  observed  and  the 
mean  taken  as  the  dewpoint.  A  thermometer  in 
a  second  thimble,  near  the  first,  gave  the  ambient 
temperature  and,  by  comparison,  the  second 
thimble  helped  in  the  recognition  of  the  appear¬ 
ance  and  disappearance  of  dew  on  the  first  thimble. 
Improvements  and  variations  of  the  Regnault  de¬ 
sign  were  made  by  Alluard  (25),  and  others  (32, 
41,  45,  55,  57). 

The  early  models  used  ether  for  cooling  and 
mercury-in-glass  thermometers  for  temperature 
and  measurement.  Recent  models  have  employed 
such  cooling  schemes  as  compressed  carbon 
dioxide,  dry  ice,  liquid  air  (for  very  low  dew¬ 
points)  and  mechanical  refrigeration.  In  addi¬ 
tion,  metal  mirrors  are  now  commonly  used,  the 
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Table  2.  Saturation  vapor  pressure  of  water  vapor  in  millimeters  of  mercury  with  respect  to  water  above  0°C  and  with  respect 

to  ice  below  0°C 

(Reproduced  from  the  Smithsonian  Meteorological  Tables) 


Temp, 

°C 

0 

i 

2 

3 

4 

5 

6 

7 

8 

9 

—  70 

0.  0019 

-60 

.0080 

0.0070 

0.0061 

0. 0053 

0. 0046 

0.0040 

0.  0035 

0.  0030 

0.  0026 

0.  0022 

-50 

.0294 

.0260 

.0229 

.0202 

.0178 

.0156 

.0137 

.0120 

.0105 

.0092 

-40 

.0964 

.0859 

.0765 

.0680 

.0605 

.0.537 

.0476 

.  0421 

.0373 

.  0329 

-30 

.2878 

.2591 

.2331 

.2094 

.  1880 

.  1686 

.1511 

.  1352 

.  1209 

.  1080 

-20 

.7834 

.  7115 

.6456 

.5854 

.5303 

.  4800 

.4341 

.3923 

.3541 

.3194 

-10 

1.9643 

1.  7979 

1. 64  44 

1.5029 

1.  3726 

1.2525 

1. 1421 

1.0406 

.9474 

.  8618 

-0 

4.  5802 

4.  2199 

3.  8868 

3.  5775 

3.2907 

3.  0218 

2.  7785 

2.  5505 

2. 3395 

2. 1445 

0 

4.5802 

4.  924 

5.291 

5.  682 

6.  098 

6.  .541 

7.012 

7.  513 

8.  045 

8.  610 

10 

9.210 

9.846 

10.  521 

11.235 

11.992 

12.  794 

13.642 

14.  539 

15.487 

16.489 

20 

17.  548 

18.  665 

19.  844 

21.087 

22. 398 

23.  780 

25.  235 

26.  767 

28.  380 

30.  076 

30 

31.860 

33.  735 

35.  705 

37.775 

39.947 

42.  227 

44.  619 

47.  127 

49.  756 

52.  510 

40 

55.  396 

58.417 

.61.  580 

64.889 

68.350 

71.968 

75.  751 

79.  703 

83.  830 

88. 140 

50 

92.  639 

97.33 

102.23 

107.  33 

112.  66 

118.  20 

123.98 

130.  00 

136.  26 

142.  78 

60 

149.  57 

156.  62 

163.96 

171.  59 

179.  52 

187.  75 

196.31 

205.  19 

214.  41 

223.98 

70 

233.  91 

244.  21 

2.54.88 

265.  96 

277.  43 

289.  32 

301.  63 

314.38 

327.  5C 

341.25 

80 

355.  40 

370.  03 

385. 16 

400.  81 

416.  99 

433.  71 

540.99 

468.  84 

487.  28 

506. 32 

90 

525.  97 

546.  26 

567.  20 

588.  80 

611.08 

634.06 

657.  75 

682.  18 

707.  35 

733.  28 

100 

760.  00 

Table  3.  Saturation  vapor  pressure  of  water  vapor  in  mm  mercury  with  respect  to  supercooled  water 

(Reproduced  from  the  International  Critical  Tables) 


Temp,  °C 

0 

1 

2 

3 

4 

5 

6 

7 

8 

9 

-0 

4.  579 

4.258 

3.  956 

3.673 

3.410 

3.163 

2.931 

2.  715 

2.514 

2. 326 

-10 

2.149 

1.987 

1.834 

1.691 

1.560 

1.436 

warming  of  which  by  heat  from  the  ambient  at¬ 
mosphere  has  been  augmented  by  electric  resist¬ 
ance  or  induction  heating.  The  temperature  of 
the  mirror  surface  is  frequently  measured  by  ther¬ 
mocouples  affixed  several  hundredths  of  an  inch 
below  the  surface  or  actually  on  the  surface  of 
the  mirror.  While  mercury-in-glass  thermom¬ 
eters  are  still  used,  their  high  lag  introduces  an 
uncertainty  in  the  temperature  reading.  In  one 
instrument,  the  temperature  is  measured  by  a 
carbon  dioxide  vapor  pressure  thermometer  in 
which  the  mirror  is  integral  with  the  bulb  (19). 
Visual  observation  of  dew  or  frost  has  often  been 
replaced  by  photoelectric  detection  of  reflected  or 
scattered  light  from  the  mirror  and  is  indicated 
on  an  electrical  meter,  or  automatically  recorded. 
The  output  of  the  photoelectric  circuit  has  been 
used  also  to  control  the  heat  input  to  the  mirror 
and  thereby  to  maintain  the  mirror  temperature 
at  the  dewpoint.  Photoelectric  observation  below 
the  frost  point  has  several  advantages.  Elec¬ 
tronic  circuits  may  be  employed  that  automati¬ 
cally  maintain  a  constant  film  thickness  on  the 
mirror.  There  can  then  be  little  question  of 
whether  the  liquid  or  solid  phase  is  involved,  for 
supercooled  liquid  will  not  long  exist  under  such 
conditions  without  changing  to  ice.  There  will  be 
no  supersaturation  for  lack  of  a  crystal  nucleus. 

For  information  on  these  later  forms  of  dew¬ 
point  indicators  and  recorders  operating  at  atmos¬ 
pheric  pressure,  see  (79,  95,  97,  102,  104,  110,  127, 
135,  142,  144,  145,  146) .  Dewpoint  indicators  re¬ 
quiring  visual  observation  and  manual  operating 
of  the  cooling  system  are  available  from  dealers 


in  scientific  laboratory  equipment.  Dewpoint  in¬ 
dicators  and  recorders  employing  photoelectric 
detection  are  made  by  a  limited  number  of 
manufacturers. 

Several  dewpoint  indicators  have  been  de¬ 
veloped  that  are  of  novel  form  or  of  specialized 
use.  An  instrument  for  use  at  high  pressures  is 
described  in  (133).  In  another  instrument  the 
sample  of  gas  under  test  is  pumped  into  a  closed 
chamber  and  is  then  cooled  by  adiabatic  expansion 
to  a  lower  pressure.  By  repeated  trials  a  pressure 
ratio  can  be  secured  so  that  a  cloud  or  fog  is  just 
formed  when  the  pressure  is  suddenly  released. 
The  dewpoint  is  computed  from  the  ratio  of  the 
initial  to  final  pressure  and  the  measurement  of 
the  initial  temperature.  One  version  of  this  in¬ 
strument  (45)  employs  a  vacuum  pump  for  ex¬ 
hausting  a  reservoir  into  which  the  gas  sample 
eventually  is  expanded.  A  commercial  version 
(130)  uses  a  small  hand  pump  for  compressing 
the  gas  sample  and  then  expands  the  gas  into  the 
atmosphere.  No  adequate  data  on  performance 
limits  are  available. 

A  polished  rod  or  tube  of  high  thermal  con¬ 
ductivity,  heated  at  one  end  and  cooled  at  the 
other  end  so  that  dew  forms  on  part  of  the  rod 
(43)  has  been  used  to  obtain  the  dewpoint.  The 
temperature  of  the  rod  measured  at  the  dew 
boundary  is  the  dewpoint.  There  has  been  no 
commercial  development  of  this  device.  Unpub¬ 
lished  data  indicate  that  it  is  unreliable  at  dew¬ 
points  below  the  ice  point  (0°  C)  because  no  satis¬ 
factory  ice — no  ice  boundary  is  obtainable. 

Use  has  been  made  of  the  change  in  conductivity 
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between  electrodes  on  a  glass  thimble  for  detecting 
the  dewpoint  (45,  59). 

The  dewpoint  method  may  be  considered  a 
fundamental  technique  for  determining  vapor 
pressure  or  humidity.  However,  the  certainty  of 
the  dewpoint  measurement  is  influenced  by  several 
factors,  some  of  which  are  of  such  indeterminate 
nature  as  to  make  an  estimate  of  the  accuracy  diffi¬ 
cult.  It  is  not  always  possible  to  measure  the 
temperature  of  the  mirror  at  the  surface  or  to  as¬ 
sure  that  no  gradients  exist  across  the  surface. 
The  visual  detection  of  the  inception  of  condensa¬ 
tion  cannot  be  made  with  complete  assurance  nor 
is  it  probable  that  two  different  observers  would 
detect  the  dew  or  frost  at  the  same  instant.  It  is 
usual  practice  for  the  dewpoint  to  be  taken  as  the 
average  of  the  temperature  at  which  dew  or  frost 
is  first  detected,  on  cooling  of  the  mirror,  and  the 
temperature  at  which  the  dew  or  frost  vanishes, 
on  warming  of  the  mirror.  This  procedure  does 
not  assure  a  correct  answer  since  care  must  be 
taken  to  locate  the  thermometer,  so  that  no  tem¬ 
perature  gradient  exists  from  the  cold  source  to 
the  mirror  face  or  to  the  gas  as  a  whole.  The 
photoelectric  detection  of  the  dewpoint  usually 
depends  upon  achieving  an  equilibrium  condition 
on  the  mirror  surface  during  which  the  amount  of 
dew  or  frost  remains  constant.  It  has  been  re¬ 
ported  ( 146)  that  the  dewpoint  so  measured,  down 
to  —35°  C,  agrees  on  the  average  to  0.1  deg  C 
with  the  dewpoint  measured  visually  with  a 
Kegnault  instrument. 

The  uncertainty  of  measuring  the  dewpoint  de¬ 
creases  with  decrease  in  temperature.  Below  low 
0°  C  uncertainty  definitely  exists  if  the  eye  is  used 
for  detecting  the  first  sign  of  condensation,  for  it 
cannot  distinguish  or  differentiate  between  the 
liquid  and  ice  phase  with  the  minute  trace  of  water 
involved.  With  a  photoelectric  system  in  which 
the  mirror  alternately  cools  and  then  warms  so 
that  condensation  forms  and  evaporates,  the 
photocell  is  likewise  incapable  of  determining 
whether  the  condensate  is  liquid  or  solid.  With  a 
photoelectric  system  in  which  a  constant  film 
thickness  is  automatically  maintained  on  the 
mirror,  ice  will  form  on  the  mirror,  for,  as  previ¬ 
ously  explained,  supercooled  water  cannot  long 
exist  on  a  free  and  exposed  surface. 

Dewpoint  instruments  have  been  built  with  re¬ 
ported  sensitivities  of  0.1°  C  (27)  and  0.01°  0  (97) 
and  with  reported  accuracies  of  ±1  percent  of 
the  vapor  pressure  (27)  at  temperatures  above 
freezing  and  ±1°  C  at  —70°  C  (127). 

4.4.  Electrical  Hygrometers 

Dunmore.  These  hygrometers  commonly  de¬ 
end  upon  the  change  in  electric  resistance  of  a 
ygroscopic  material  with  change  in  humidity. 
In  one  design,  largely  developed  by  Dunmore  (94, 
99,  103),  two  parallel  wires  of  a  noble  metal  are 
wound  upon  a  polystyerene  cylinder  or  strip.  A 


hygroscopic  coating  of  polyvinyl  acetate  or  poly¬ 
vinyl  alcohol  and  dilute  lithium  chloride  solution 
is  placed  between  the  wires.  At  constant  tem¬ 
perature  the  logarithm  of  the  electrical  resistance 
between  the  parallel  wires  varies  approximately 
linearly  with  the  logarithm  of  the  relative  humid¬ 
ity  and  is  measured  by  a  suitable  Wheatstone 
bridge,  preferably  using  alternating  current,  or 
other  suitable  electric  circuits.  The  electric  re¬ 
sistance  at  constant  relative  humidity  is  highly  de¬ 
pendent  upon  temperature,  especially  at  tempera¬ 
tures  below  0°  C. 

The  hygrometer  was  primarily  developed  for 
use  in  radiosondes  in  which  the  output  is  fed  to  a 
radio  transmitter  and  controls  an  audio  frequency. 
It  is  widely  used  for  this  purpose  and  is  manu¬ 
factured  by  a  number  of  firms.  An  indicator  and 
a  controller  for  industrial  use  is  now  available 
commercially. 

An  elementary  theory  of  the  electric  hygrom¬ 
eter  has  been  proposed  by  Schaffer  (132). 

Similarly,  as  for  the  hair  hygrometer,  the  chief 
defect  has  been  in  stability  of  calibration,  which 
seems  to  have  been  overcome  in  the  model  for  in¬ 
dustrial  use.  The  continuous  application  of  di¬ 
rect  current  causes  polarization  with  a  resultant 
shift  in  calibration  and  ultimate  deterioration. 
At  temperatures  above  freezing,  the  response  to 
humidity  changes  is  rapid,  but  at  lower  tempera¬ 
tures,  time  lags  are  appreciable.  Some  data  on 
the  performance  at  low  temperatures  are  given  in 
(134  and  150).  One  of  the  advantages  of  this 
design  is  that  it  is  remote  indicating  an  adaptable 
for  control.  See  also  (113  and  114). 

Dewcel.  Another  form  of  the  electric  hygrom¬ 
eter  is  the  “dewcel”,  which  is  remote  indicating 
and  can  be  used  for  control  (136,  154).  Essen¬ 
tially  it  indicates  the  dewpoint  temperature.  The 
sensing  element,  similarly  as  the  Dunmore  ele¬ 
ment,  has  a  parallel  wire  winding  with  the  ma¬ 
terial  between  the  wires  kept  wet  with  a  wick  im¬ 
pregnated  with  a  saturated  solution  of  lithium 
chloride.  The  element  is  heated  by  an  electric 
current  passed  between  the  parallel  wires  until  its 
temperature  is  such  that  the  element  neither  loses 
nor  gains  moisture  from  the  surrounding  atmos¬ 
phere.  The  electric  resistance  of  the  element  in¬ 
creases  if  the  temperature  is  above  the  equilibrium 
temperature,  since  the  solution  concentration  in¬ 
creases  by  evaporation,  and  vice  versa,  and  thus 
the  vapor  pressure  of  the  solution  on  the  element 
is  automatically  brought  to  and  maintained  in 
equilibrium  with  the  surrounding  vapor  pressure. 
The  temperature  of  the  element,  which  is  meas¬ 
ured  either  by  a  resistance  or  liquid  filled  ther¬ 
mometer,  determines  the  vapor  pressure  of  the 
lithium  chloride  solution  which  in  turn  equals  the 
pressure  of  the  water  vapor  in  the  surrounding 
atmosphere.  The  scale  can  be  graduated  in  terms 
of  dewpoint  insofar  as  the  vapor  pressures  for 
saturated  lithium  chloride  are  accurately  known. 
It  is  approximately  15  percent  of  that  of  water 
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down  to  temperatures  of  about  0°  C.  With  cer¬ 
tain  restrictions  the  dewpoint  is  measurable  in 
the  range  —16  to  +160°  F.  Stability  of  calibra¬ 
tion  under  service  conditions  is  claimed. 

This  instrument  can  be  used  for  remote  indicat¬ 
ing,  recording  and  control.  It  functions  best  in 
still  air,  and  when  the  ventilation  of  the  sensitive 
element  becomes  excessive  (greater  than  50  ft/ 
min),  suitable  means  must  be  used  to  reduce  the 
ventilation,  if  accuracy  is  to  be  maintained. 

Weaver.  Weaver  and  Filey  (147)  have  devel¬ 
oped  a  type  of  electric  hygrometer  which  has  ap¬ 
plication  in  routine  checking  of  water  vapor  con¬ 
tent  of  gases,  particularly  those  in  high  pressure 
cylinders. 

The  sensitive  element  is  a  film  of  electrolyte, 
usually  phosphoric  and  sulfuric  acid,  with  suit¬ 
able  electrodes  for  use  in  measuring  the  electric 
resistance  of  the  film,  all  mounted  in  a  small  case, 
as  an  aviation  engine  spark  plug,  suitably  modi¬ 
fied.  Since  the  electric  resistance  of  the  film  is 
unstable,  a  comparison  procedure  is  resorted  to,  in 
which  the  resistance  of  the  film  in  equilibrium 
with  the  atmosphere  to  be  measured  is  immedi¬ 
ately  matched  by  exposing  to  an  atmosphere,  the 
moisture  content  of  which  can  be  controlled  in  a 
known  way. 

In  the  primary  use  of  the  instrument,  in  meas¬ 
uring  the  dryness  of  aviator’s  oxygen,  pressure 
control  was  found  to  be  most  convenient  and  is  de¬ 
scribed  here  only  in  its  most  elemental  form.  Gas, 
usually  nitrogen,  is  humidified  100  percent  while 
at  high  pressure.  A  sample  of  this  nitrogen,  at 
atmospheric  pressure,  is  passed  through  the  cell 
and  the  resistance  noted,  usually  as  the  reading  of 
a  galvanometer  in  an  unbalanced  alternating-cur- 
rent  Wheatstone  bridge.  Then  a  sample  from  the 
compressed  gas  under  test  is  passed  through  the 
cell,  at  a  pressure  which  is  reduced  until  the  same 
reading  is  obtained.  From  the  measured  pres¬ 
sures  and  the  known  water  content  of  the  saturated 
sample,  either  the  weight  of  water  vapor  per  unit 
volume,  vapor  pressure,  or  relative  humidity  of  the 
test  sample  can  be  computed. 

The  instrument  is  characterized  by  speed,  the 
use  of  a  small  sample  and  greater  sensitivity  than 
is  possessed  by  other  instruments  or  methods  com¬ 
parable  in  these  respects.  It  is  available  com¬ 
mercially. 

Lichtgam.  The  variation  in  electric  resistance 
with  relative  humidity  of  selected  underfired  clays 
has  been  investigated  by  Lichtgarn.  The  per¬ 
formance  data  are  incomplete  as  yet,  and  no  ele¬ 
ments  appear  to  be  commercially  available  (137). 

Gregory  Kumidiometer.  Gregory  (120)  has 
utilized  tne  electric  resistance  of  cotton  impreg¬ 
nated  with  LiCl  or  CaCl2  solution  to  measure 
humidity.  This  lnethod  has  been  applied  to  the 
measurement  of  humidity  on  the  skin  and  clothes 
of  a  human  subject  (131). 

Burbidge  and  Alexander.  The  variation  in  elec¬ 
tric  resistance  of  cotton  wool  and  human  hair  has 


been  investigated  by  Burbidge  and  Alexander 
(51).  The  logarithm  of  the  resistancy  of  these 
materials  is  proportional  to  relative  humidity. 

4.5.  Gravimetric  Hygrometry 

a.  Change  in  Weight  of  Drying  Agent 

The  well-known  gravimetric  method  is  accepted 
as  the  most  accurate  for  determining  the  amount 
of  water  vapor  in  a  gas.  The  gas  mixture  of 
measured  volume  and  known  pressure  and  tem¬ 
perature  is  passed  over  a  moisture  absorbing  chem¬ 
ical,  usually  phosphorous  pentoxide  for  results  of 
the  highest  accuracy,  and  its  increase  in  weight 
determined.  For  the  data,  the  weight  of  water 
vapor  per  unit  volume  and  the  relative  humid¬ 
ity  of  the  gas  sample  can  be  computed.  Consid¬ 
erable  care  is  required  to  obtain  reliable  data  (3, 
27,  66,  149).  Tins  method  is  employed  only  in 
fundamental  calibration  of  instruments  or  exact 
determinations  of  water  vapor  content. 

b.  Change  in  Weight  of  Absorbing  Material 

In  this  type  of  hygrometer  a  moisture  absorb¬ 
ing  material  such  as  human  hair,  or  a  chemical, 
or  combinations  of  both  to  obtain  a  structure  con¬ 
venient  to  handle,  is  continuously  weighed  by  a 
delicate  balance  with  an  indicator  and  calibrated 
humidity  scale.  The  weight  of  the  material  must 
change  only  with  change  in  the  relative  humidity 
of  the  ambient  air  (109,  118,  119).  Instruments 
of  this  type  are  not  known  to  be  available  com¬ 
mercially. 

4.6.  Thermal  Conductivity 

The  difference  in  thermal  conductivity  between 
air  (or  other  gases)  and  water  vapor  is  utilized 
so  that  the  temperature,  and  thus  the  electric  re¬ 
sistance  of  a  hot  wire  in  a  small  cell  varies  with 
change  in  humidity  of  the  air  sample.  Two  hot 
wires,  one  in  a  reference  cell  exposed  to  dry  air, 
are  in  a  bridge  circuit,  the  output  of  which  is  a 
function  of  the  vapor  pressure  of  water  in  the 
sample.  The  theory  has  been  developed  by 
Daynes  (31)  and  Shakespear  (34).  A  model  was 
built  by  Leeds  &  Northrup  (61,  76).  This  hy¬ 
grometer  is  limited  in  sensitivity  at  low  tempera¬ 
tures  owing  to  the  low  vapor  pressure  of  water 
vapor  existing  at  these  temperatures.  It  has  con¬ 
siderable  promise  as  a  recorder  of  humidity  in  a 
closed  space  and  in  meteorology.  It  is  limited  by 
the  fact  that  it  is  not  specific  for  water  vapor  but 
indicates  any  change  of  composition  of  the  gas  en¬ 
tering  the  instrument. 

Schwarz  (138)  has  called  attention  to  the  pos¬ 
sibility  of  subjecting  the  water- vapor  sample  to 
an  inhomogeneous  electric  field  in  a  thermal  con¬ 
ductivity  apparatus.  Since  the  water  molecule  is 
a  dipole,  an  additional  circulation  of  the  water 
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vapor,  in  contrast  to  that  obtained  with  air,  is 
secured.  This  effect  can  be  expected  to  add  to  the 
effect  of  differences  in  the  heat  conduction  of  air 
and  water  vapor.  No  development  work  appears 
to  have  been  done  on  this  possibility. 

4.7.  Spectroscopic  Method 

Instruments  have  been  developed  in  which  in¬ 
frared  bands  which  are  absorbed  by  water  vapor 
are  compared  in  intensity  with  another  band  not 
so  absorbed.  The  sample  of  air  under  analysis 
may  be  in  a  tube  (116,  125)  with  the  spectral 
bands  obtained  from  a  lamp  or  may  be  the  entire 
atmosphere  with  the  sun  furnishing  the  spectral 
bands  ( 124) .  The  effect  of  water  vapor  upon  the 
energy  of  the  received  radiation  may  be  measured 
by  phototubes  or  thermocouples.  The  instrument 
is  not  made  commercially. 

4.8.  Index  of  Refraction 

Some  experimental  work  has  been  done  on  the 
variation  of  the  index  of  refraction  of  a  thin  film 
of  glycerine  with  water  vapor  content  of  the  am¬ 
bient  air  (29  and  48).  The  method,  even  if  suc¬ 
cessfully  developed,  appears  to  have  only  limited 
application. 

4.9.  Measurement  of  Pressure  or 
Volume 

The  volume  of  water  vapor  in  a  gas  sample  can 
be  measured  if  its  change  in  volume  is  measured 
at  constant  pressure  before  and  after  the  water 
vapor  is  absorbed.  Conversely,  if  the  volume  is 
held  constant,  the  change  in  pressure  gives  the 
pressure  of  the  water  vapor.  These  methods  are 
useful  only  in  laboratory  investigations.  The 
difficulty  of  obtaining  accurate  determinations  in¬ 
creases  rapidly  with  decrease  in  temperature  of 
the  gas  sample.  See  (1  and  8)  for  descriptions 
of  a  number  of  instruments  of  this  type. 

In  one  form  of  constant  pressure  apparatus  a 
manometer  and  also  a  graduated  tube  containing 
an  absorbing  liquid,  such  as  sulfuric  acid,  are 
connected  to  a  gas  container.  In  operation  sul¬ 
furic  acid  is  slowly  admitted  to  the  container  to 
absorb  the  water  vapor  in  the  sample  and  at  the 
same  time  in  sufficient  volume  to  maintain  con¬ 
stant  the  absolute  pressure  of  the  gas,  as  indicated 
by  the  manometer  and  a  barometer.  The  volume 
of  acid  admitted  is  the  volume  of  water  vapor  in 
the  sample,  subject  to  corrections  for  lack  of  con¬ 
stancy  of  temperature  or  of  the  reference  pressure. 

If  the  apparatus  just  described  is  modified  so 
that  the  sulfuric  acid  forms  part  of  the  original 
volume,  a  constant  volume  apparatus  results.  In 
this  case  the  change  in  pressure  as  the  water  vapor 
is  absorbed  is  the  water- vapor  pressure. 

The  tilting  form  of  absorption  hygrometer  de¬ 


scribed  by  Mayo  and  Tyndall  (33)  is  essentially 
a  constant  volume  instrument.  Here  the  absorb¬ 
ing  material  is  installed  in  a  piston  which  moves 
from  one  end  of  the  cylinder  containing  the  gas 
sample  to  the  other  as  the  cylinder  is  oscillated, 
thus  forcing  the  gas  through  the  absorbing  chemi¬ 
cal.  This  piston  action  reduces  the  time  required 
for  complete  absorption  of  the  water  vapor.  The 
fall  in  gas  pressure  which  is  measured  is  the  water 
vapor  pressure.  The  device  is  proposed  as  a  work¬ 
ing  standard  in  calibration  of  hygrometers.  It 
is  not  available  commercially. 

One  version  of  constant-volume  hygrometer 
(105)  completely  dispenses  with  an  absorbing 
chemical  and,  instead,  uses  low  temperatures  to 
condense  part  of  the  water  vapor  content  of  a  gas 
sample,  and  from  a  measurement  of  the  tempera¬ 
ture  and  reduction  in  pressure,  permits  the  deter¬ 
mination  of  the  initial  vapor  pressure.  In  this 
instrument,  two  identical  vessels,  one  containing 
dry  gas  and  the  other  the  gas  sample  of  unknown 
water  vapor  content,  are  sealed  and  connected 
through  a  differential  manometer.  The  vessels 
are  then  immersed  in  a  liquid  bath  and  gradually 
cooled  until  the  differential  manometer  registers  a 
pressure  difference,  indicating  that  condensation 
of  water  vapor  has  taken  place  in  the  gas  sample. 
At  this  point  the  temperature  and  pressure  differ¬ 
ence  are  read.  From  the  saturation  pressure  at 
the  observed  temperature  and  from  the  pressure 
difference,  the  initial  water  vapor  content  is  then 
computed. 

By  employing  a  liquid-air  trap,  the  moisture  in 
a  large  volume  of  gas  can  be  condensed  and  then 
suitably  measured.  The  known  volume  of  gas  is 
passed  through  the  trap  and,  while  the  low  tem¬ 
perature  is  maintained,  the  trap  is  evacuated.  The 
apparatus  is  then  allowed  to  warm  up,  preferably 
in  a  thermostatted  bath,  and  the  vapor  pressure 
measured.  Experience  with  this  method  at  this 
Bureau  indicates  that  for  frost  points  below 
—  20°  C,  it  is  better  than  the  direct  determination 
of  the  frost  point.  When  using  this  method  with 
gases  containing  carbon  dioxide,  the  temperature 
of  the  air  trap  is  raised  above  —78°  C  before 
evacuation.  This  permits  any  condensed  carbon 
dioxide  to  be  vaporized  and  removed  from  the 
trap. 

For  additional  information  on  absorption  hy¬ 
grometers,  see  (30,  85,  86,  101,  111). 

4.10.  Thermal  Rise 

The  rise  in  temperature  accompanying  the  ex¬ 
posure  of  dry  cotton  wool  to  moist  air  nas  been 
employed  as  a  means  of  indicating  humidity  (see 
(36  and  45)  for  details). 

4.11.  Mobility  of  Ions 

The  change  in  the  mobility  of  ions,  produced 
by  a-rays  and  y-rays,  due  to  the  presence  of  water 
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vapor  has  been  investigated  (45,  51).  While  a 
small  effect  has  been  observed,  no  practical  hy¬ 
grometer  has  been  developed. 

4.12.  Dielectric  Constant 

Birnbaum  has  developed  a  recording  microwave 
refractometer  (153)  of  high  sensitivity  that  can 
continuously  sample  and  record  the  dielectric  con¬ 
stant  of  a  stream  of  air  or  gas.  Since  the  dielec¬ 
tric  constant  of  air  varies  with  water-vapor  con¬ 
tent,  this  instrument  may  be  employed  as  a  re¬ 
cording  hygrometer.  The  refractometer  operates 
by  comparing  two  identical  cavity  resonators. 
Into  one  of  these  cavities,  the  test  sample  is  in¬ 
troduced.  The  resulting  differences  in  resonance 
frequency  between  the  two  cavities  is  then  a  meas¬ 
ure  of  the  dielectric  constant  of  the  test  sample. 
In  addition  to  its  high  sensitivity,  the  refractom¬ 
eter  has  a  time  response,  limited  by  the  response 
of  the  recording  milliammeter,  of  about  one-half 
second  to  discrete  changes  in  dielectric  constant. 
A  similar  instrument  has  been  reported  by  Crain 
(157). 

4.13.  Critical  Flow 

Wildhack  (156)  has  proposed  a  means  of  meas¬ 
uring  relative  humidity  which  utilizes  sonic,  or 
critical,  flow  through  small  nozzles.  Two  sets  of 
two  nozzles  in  series  are  arranged  in  parallel,  with 
critical  flow  maintained  through  all  nozzles.  At 
critical  flow  the  mass  flow  through  each  nozzle  is 
independent  of  the  downstream  pressure,  and  is 
directly  proportional  to  the  entrance  pressure. 
An  absorber  of  water  vapor  is  placed  between  one 
series  pair  of  nozzles,  which  reduces  the  mass  flow 
and  hence  the  gas  pressure  at  the  entrance  to  the 
downstream  nozzle.  Measurement  of  the  dif¬ 
ference  in  entrance  pressures  between  the  two 
downstream  nozzles,  of  the  absolute  pressure  of 
the  gas  at  the  entrance  to  the  referenced  down¬ 
stream  nozzle,  and  of  the  gas  temperature,  will 
serve  to  determine  the  relative  humidity  of  the 
gas. 

4.14.  Diffusion  Hygrometer 

The  difference  in  density  of  completely  and  par¬ 
tially  saturated  air,  at  the  same  temperature,  has 
been  employed  to  measure  air  humidity  (49). 
Esentially,  a  column  of  atmospheric  air  is  bal¬ 
anced  against  a  column  of  saturated  air.  The  dif¬ 
ference  in  density  of  the  two  columns  causes  the 
lighter  saturated  air  to  diffuse  upward  into  the 
atmosphere  and  the  atmospheric  air,  because  of 
its  greater  density  to  diffuse  downward  into  a 
saturation  chamber  where  it,  in  turn,  becomes 
fully  humidified.  The  rate  of  diffusion  is  then 
directly  related  to  the  vapor  pressure  of  the  at¬ 
mospheric  air  and  is  detected  and  measured  by 
means  of  the  deflection  produced  in  a  suspended 


vane.  It  is  claimed  that  this  water  vapor  diffu¬ 
sion  method  can  operate  over  a  wide  temperature 
range,  is  continuously  indicating  or  recording,  is 
easy  to  operate  and  is  portable. 

A  different  approach  was  used  in  the  hygrom¬ 
eter  described  by  Greinacher  (122).  His  instru¬ 
ment  is  based  on  the  difference  in  diffusion  of 
water  vapor  and  air  through  a  semipermeable 
membrance.  A  porous  clay  plate  cemented  to  an 
opening  in  the  wall  of  an  enclosed  vessel  contain¬ 
ing  a  desiccant  preferentially  permits  air  diffu¬ 
sion  and  prevents  water  vapor  diffusion.  A 
differential  manometer,  communicating  with  the 
enclosed  vessel  and  the  ambient  atmosphere 
(whose  humidity  is  being  measured),  registers  a 
pressure  drop  A p1  that  is  directly  proportional  to 
the  partial  pressure  e  of  the  water  vapor  in  the 
ambient  atmosphere.  In  order  to  avoid  consid¬ 
eration  of  the  constant  of  proportionality  of  the 
apparatus  a  similar  vessel  with  an  identical  por- 
ours  clay  plate  and  manometer,  but  containing 
water  instead  of  the  dessicant,  is  employed.  The 
pressure  drop  A p2  indicated  by  the  latter  arrange¬ 
ment  is  directly  proportional  to  the  difference  be¬ 
tween  the  saturation  vapor  pressure  e»  and  the 
ambient  partial  pressure  e  at  the  ambient  temper¬ 
ature.  The  relative  humidity  is  given  by  the 
relation. 

/?#=100X  —  =  100x - 
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Further  theoretical  consideration  of  this  hygrom¬ 
eter  are  presented  by  Spencer-Gregory  and 
Rourke  (141).  The  instrument  is  reported  to  be 
extremely  sensitive  to  rapid  temperature  changes 
which  may  give  rise  to  erroneous  readings. 

4.15.  Chemical  Methods 

Several  methods  are  available  for  the  deter¬ 
mination  of  the  moisture  content  in  gases  by  chem¬ 
ical  means.  A  very  simple  and  qualitative  indi¬ 
cator  may  be  made  based  on  the  change  in  color, 
from  blue  to  pink,  of  cloth  or  paper  impregnated 
with  cobaltous  chloride,  as  the  humidity  increases. 
When  a  color  comparison  scale  is  employed  with 
this  indicator,  a  rough  estimate  of  the  relative 
humidity  is  obtained  (75).  Cobaltous  bromide 
may  similarly  be  used,  with  a  threefold  increase 
in  sensitivity.  The  colors  of  these  cobalt  salts 
are  affected  by  temperature  as  well  as  humidity. 
The  quantitative  measurement  of  water  vapor  has 
been  successfully  made  by  using  cobaltous  bro¬ 
mide  as  an  indicator  in  a  visual  (112)  and  in  a 
photoelectric  (123)  colorimetric  method. 

There  is  a  series  of  compounds  of  ketones  and 
Grignard  reagents  which  can  form  internal  ions 
accompanied  by  the  development  of  intense  color, 
induced  by  the  presence  of  water.  Some  useful 
compounds  are  the  complexes  of  Michler’s  ketone 
(tetramethyl-diaminobenzophenone)  and  Grig¬ 
nard  reagent  (ethyl  magnesium  bromide,  methyl 
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magnesium  iodide,  or  phenyl  magnesium  iodide). 
An  apparatus,  employing  the  color  change  of 
these  compounds,  has  been  developed,  primarily 
for  detecting  moisture  in  compressed  oxygen  ( 19) . 
The  apparatus  and  method  involves  sealing  a 
measured  amount  of  compound  with  dry  sand  in 
a  glass  ampule.  Then,  under  a  controlled  and 
uniform  rate  of  gas  flow,  the  ampule  is  broken 
and  the  time  for  the  movement  of  the  resultant 
color  front  along  a  specified  distance  is  meas¬ 


ured.  This  time,  for  a  given  batch  of  ampules 
identically  made,  is  a  function  of  the  moisture 
content,  the  temperature  and  rate  of  flow. 

A  method  for  the  analytical  determination  of 
the  water  content  in  a  wide  range  of  materials 
was  proposed  by  Karl  Fischer  in  1935  (84).  His 
reagent,  a  solution  of  iodine,  sulfur  dioxide  and 
pyridine  in  methanol,  is  the  basis  of  titrimetric 
procedures  that  have  been  applied  to  moisture  de¬ 
terminations  in  gases  (20). 


5.  Test  Methods 


The  testing  and  calibration  of  hygrometers  in¬ 
volve  the  production  and  control  of  atmospheres 
of  known  relative  humidity  over  a  wide  range  of 
temperatures.  While  the  methods  of  humidity 
production  are  varied,  they  may  be  classified,  con¬ 
veniently,  into  several  categories.  The  equipment 
for  producing  the  known  relative  humidity  must 
be  designed  so  that  hygrometers  to  be  tested  can 
be  conveniently  exposed  to  the  controlled  atmos¬ 
phere. 

The  sections  below  are  restricted  largely  to  the 
description  of  methods  of  producing  a  constant 
humidity  of  known  amount  useful  for  calibration 
of  hygrometers. 

5.1.  Basic  Methods 


Figure  2.  Simplified  schematic  diagram  of  the  two-temper¬ 
ature  recirculating  method  of  relative-humidity  pro¬ 
duction. 


Relative  humidity  is  related,  through  the  funda¬ 
mental  gas  laws,  to  such  parameters  as  tempera¬ 
ture,  pressure,  and  water-vapor  content.  Several 
convenient  and  practical  methods  are  available  of 
directly  establishing  atmospheres  of  known  rel¬ 
ative  humidity  with  sufficient  precision  and  ac¬ 
curacy  by  the  measurement  and  control  of  these 
parameters,  without  requiring  auxiliary  humidity 
measuring  and  sensing  instruments. 

The  principle  of  divided  flow  may  be  employed, 
when  flow  is  permissible,  to  produce  any  desired 
humidity.  Apparatus,  based  on  this  principle, 
has  been  described  in  (76)  for  use  at  temperatures 
above  freezing  and  in  (134  and  149),  for  use  at 
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Figure  1.  Simplified  schematic  diagram  of  the  principle 
of  operation  of  the  divided-flow  humidity  apparatus. 


A,  gas  pump  ;  B,  test  chamber  ;  C,  water  ;  D,  saturator ;  E, 
thermostatted  bath. 


temperatures  below  0°  C  (32°  F).  A  stream  of 
dry  air  is  divided  accurately,  usually  by  means  of 
a  proportioning  valve,  into  two  parts.  One  part 
is  saturated,  with  respect  to  water  or  ice;  thej 
other  part  is  maintained  dry.  The  two  parts  are 
then  "ecombined  in  a  test  chamber  and  exhausted 
into  the  air.  The  relative  humidity  is  given  by 
the  ratio  of  the  division.  -  A  simplified  schematic 
diagram  of  this  method  is  shown  in  figure  1. 

In  the  recirculation  or  two-temperatures 
method,  a  stream  of  air  is  saturated  at  a  controlled 
temperature  and  then  the  temperature  of  the  mix¬ 
ture  is  elevated,  without  loss  or  gain  in  moisture. 
A  measurement  of  the  two  temperatures  serves  to 
determine  the  relative  humidity.  To  insure  com¬ 
plete  saturation  at  the  lower  temperature,  the  air 
stream  is  recirculated  in  a  closed  system  from  the 
saturator  (at  the  lower  temperature)  to  a  test 
chamber  (at  the  higher  temperature)  and  back 
to  the  saturator.  The  temperatures  must  be  ac¬ 
curately  measured  and  controlled ;  for  example, 
at  20°  C  (68°  F)  an  error  of  0.2°  C  (0.3°  F)  in 
either  temperature  measurement  represents  1  per¬ 
cent  error  in  relative  humidity,  which  error  in¬ 
creases  at  lower  temperatures.  Laboratory  equip¬ 
ment  of  this  type  has  been  built  (106,  155),  but 
none  is  commercially  available.  The  method  is  il¬ 
lustrated  in  figure  2. 
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In  the  two-pressure  method  (147)  a  stream  of 
air  (or  some  other  gas)  at  an  elevated  pressure 
is  saturated  and  the  pressure  of  the  saturated  air 
is  reduced  as  required  to  obtain  any  desired  hu¬ 
midity.  Since  the  desired  relative  humidity  is 
required,  usually,  at  atmospheric  pressure,  the 
elevated  pressure  is  so  adjusted  that  the  air,  upon 
expansion  to  atmospheric  pressure,  will  be  at  the 
proper  relative  humidity.  The  pressure  of  the 
air  and  water  vapor  mixture  is  measured  at  both 
the  elevated  and  reduced  pressures,  and  so  are  the 
temperatures,  if  they  differ.  To  insure  that  the 
saturator  and  test  chamber  temperatures  remain 
the  same,  and  also  to  provide  a  means  of  con¬ 
trolling  and  establishing  any  desired  temperature, 
the  saturator  and  test  chamber  are  immersed  in 
a  thermostatted  bath.  To  prevent  condensation 
the  saturated  air  temperature  must  not  fall  below 
the  dewpoint,  which  may  require  heating  the  mix¬ 
ture  at  or  before  it  flows  through  the  pressure- 
reducing  valve.  Even  at  room  temperature,  con¬ 
trol  of  the  saturator  temperature  will  be  necessary 
if  the  air  flow  is  appreciable.  At  constant  tem¬ 
perature,  the  relative  humidity  is  roughly  the  ratio 
of  the  two  pressures,  assuming  ideal  gas  laws. 
More  accurate  computation  of  the  relative  humid¬ 
ity  takes  into  account  deviations  from  the  ideal 
gas  laws  (147). 

One  type  of  saturator  employed  in  this  method 
consists  of  a  cylinder  filled  with  clean  sand  and 
water  through  which  the  air  passes.  Another 
type  similarly  consists  of  a  cylinder  into  which 
water  has  been  added,  but  the  air  in  this  type 
enters  the  cylinder  tangentially  to  and  above  the 
water  (or  ice)  surface  and,  after  swirling  around 
many  times  over  the  water,  emerges  through  a  cen¬ 
tral  port  at  the  top.  A  sketch  of  this  method  is 
shown  in  figure  3. 

In  the  water  or  steam  injection  method  for  the 
precise  control  of  relative  humidity,  moisture  and 
dry  air  are  mixed  in  desired  proportions,  using 
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Figure  3.  Simplified  schematic  diagram  of  the  two- 
pressure  method  of  relative-humidity  production. 

A,  High-pressure  source;  B,  pressure  reducer;  C,  saturator 
(water  or  ice)  ;  D,  valve;  E,  heat  exchanger;  F,  test 
chamber  ;  G,  to  atmosphere ;  H,  thermostatted  bath. 


nozzles,  orifices  or  other  metering  elements  in  con¬ 
junction  with  pressure  reducers.  See  (67)  for 
one  application. 

5.2.  Secondary  Methods 

Very  convenient  methods  exist  for  establishing 
atmospheres  of  known  relative  humidity  which 
depend  upon  the  equilibrium  vapor  pressure  of 
water  when  a  chemical  is  dissolved  in  it.  These 
methods  are  ideally  suited  for  controlling  the  rel¬ 
ative  humidity  of  a  small  closed  space.  Equi¬ 
librium  conditions  are  more  rapidly  established 
when  air  circulation  or  stirring,  as  by  means  of  a 
fan  or  blower,  is  employed.  In  all  these  methods, 
the  test  chamber  should  be  kept  free  of  hygro¬ 
scopic  materials,  such  as  wood. 

The  saturated  salt  solution  method  is  inexpen¬ 
sive  and  simple  and  produces  constant  relative 
humidities  that  are  roughly  independent  of  tem¬ 
perature.  This  method  is  used  frequently  for  cal¬ 
ibrating  mechanical  type  hygrometers.  A  sealed 
chamber  is  required,  for  which  a  large  glass  jar 
or  bell  jar  is  often  suitable.  The  salt  solution  is 
made  up  as  a  slushy  mixture  in  a  glass  or  enameled 
tray  or  in  the  glass  jar,  if  used,  with  the  solution 
spreading  over  as  large  an  area  as  practicable. 
Distilled  water  and  chemically  pure  salts  must  be 
used.  The  salts  listed  in  table  4  have  been  found 
useful;  for  a  list  of  others  see  (4).  The  data  in 
table  4  are  based  partly  on  the  vapor  pressure  data 
given  in  the  International  Critical  Tables  (17) 
and  partly  on  dewpoint  measurements  made  at 
this  Bureau. 

Table  4. — Saturated  salt  solutions  suitable  for  use  in 
humidity  control 


KN  03  =  potassium  nitrate 
NaCl=sodium  chloride 
Mg(N03l2.6H20  =  magnesium  nitrate 
MgCl2.6H20  =  magnesium  chloride 
LiCl=lithium  chloride 


ture 

KNOa 

NaCl 

Mg(N  03)2. 6H2O 

MgCb.6H20 

LiCl 

cC 

°F 

% 

% 

% 

% 

% 

0 

32 

97 

76 

54 

34 

19 

5 

41 

96 

76 

54 

33 

16 

10 

50 

95 

75 

53 

33 

14 

15 

59 

95 

75 

53 

33 

13 

20 

68 

94 

75 

53 

33 

12 

25 

77 

93 

75 

52 

33 

11 

30 

86 

92 

75 

52 

32 

11 

35 

95 

90 

75 

51 

32 

11 

40 

104 

89 

75 

51 

31 

11 

Water-sulfuric-acid  mixtures  (39,  52,  63)  pro¬ 
duce  atmospheres  of  relative  humidity  that  de¬ 
pend  on  composition  and  temperature.  Two 
techniques  may  be  employed.  The  liquid  may  be 
exposed  in  a  suitable  tray  in  a  sealed  chamber  to 
give  the  equilibrium  vapor  pressure  of  the  mix¬ 
ture,  or  air  may  be  bubbled  or  otherwise  brought 
into  intimate  contact  with  the  liquid.  Wilson’s 
data  (39)  are  reproduced  in  table  5. 
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Table  5.  Relative  humidity  obtained  from  water-sulfuric 
acid  solutions 


Relative 

Percentage  of  HjSCh  (by  weight)  at — 

humidity 

O 

o 

o 

25°  C 

50°  C 

75°  C 

% 

10 

63. 1 

64.8 

66.6 

68.3 

25 

54.3 

55.9 

57.  5 

59.0 

Jo5 

49.4 

50.9 

52.5 

54.0 

42. 1 

43.4 

44.8 

46.2 

65 

34.8 

36.0 

37.1 

38.3 

75 

29.  4 

30.4 

31.4 

32.4 

90 

17.8 

18.5 

19.2 

20.0 

Water-glycerine  mixtures  (63)  will  similarly 
produce  atmospheres  of  known  relative  humidity. 
The  techniques  employed  with  water-sulfuric 
acid  mixtures  work  equally  well  with  water- 
glycerine  mixtures.  The  relative  humidity  ob¬ 
tainable  at  25°  C  from  various  water-glycerine 
solutions  are  given  in  table  6. 


Table  6.  Relative  humidity  obtained  from  water-glycerine 
mixtures  at  25°  C 


Relative  humidity 

Glycerine  (by  weight) 

Specific  gravity 

% 

% 

10 

95 

1.245 

20 

92 

1.237 

30 

89 

1.  229 

40 

84 

1.  216 

50 

79 

1.203 

60 

72 

1. 184 

70 

64 

1. 162 

80 

51 

1.  127 

90 

33 

1.079 

5.3.  Control  Methods 

In  response  to  a  sensing  element,  such  as  a 
mechanical  hygrometer,  electrical  hygrometer, 
or  psychrometer,  the  humidity  of  a  closed  space 
may  be  raised  by  water,  spray  or  steam  injection, 
by  exposure  to  a  water  surface  or  wet  wicks,  or 
by  the  introduction  of  saturated  or  high  humidity 
air  (or  gas),  or  the  humidity  may  be  lowered  by 
chemical  absorption,  or  the  introduction  of  dry 
air  (or  gas).  The  controls  that  are  used  may  be 
manual  or  automatic. 

One  type  of  controlled-humidity  chamber  de¬ 
sign  (32,  45)  consists,  essentially,  of  a  sealed 
chamber,  such  as  a  bell  jar,  in  which  air  circula¬ 
tion  is  obtained  by  means  of  a  fan.  Two  trays, 
each  with  a  tight  cover  that  can  be  raised  and 


lowered  externally,  are  placed  in  the  chamber. 
One  tray  contains  a  chemical  absorbent,  such  as 
sulphuric  acid,  silica  gel  or  Drierite,  while  the 
other  contains  distilled  water,  preferably  with  ex¬ 
posed  cotton  or  linen  wicks.  The  cover  of  the 
appropriate  tray  is  raised  until  a  hygrometer  in¬ 
dicates  that  the  desired  relative  humidity  has  been 
attained.  The  cover  is  then  dropped  and,  since 
the  chamber  is  sealed,  the  humidity  remains  con¬ 
stant.  This  chamber  may  be  made  automatic  by 
using  the  output  of  a  sensing  element,  through  an 
appropriate  circuit,  to  raise  or  lower  the  required 
cover. 

See  (8, 10, 12,  50,  54,  58,  62,  65,  92, 114,  and  129) , 
for  additional  suggestions  and  details. 

5.4.  Comparisons  with  Standards 

While  it  is  preferable  to  use  atmospheres  of 
known  relative  humidity  for  testing  or  calibra¬ 
tion,  it  is  often  desirable  to  make  spot  checks  of 
mechanical  hygrometers  and  hygrographs  under 
prevailing  atmospheric  conditions  or  even,  in  some 
cases,  to  test  or  calibrate  hygrometers  in  cham¬ 
bers  where  the  humidity  is  not  known  or  only 
known  approximately.  Under  these  conditions, 
the  readings  of  the  instrument  under  test  may  be 
compared  with  those  of  a  standard  instrument. 

It  is  generally  considered  that  the  primary 
standard  in  hygrometry  is  the  gravimetric  method 
of  water  vapor  measurement.  However,  except 
for  work  of  the  highest  order  of  accuracy,  this 
method  is  seldom  used  as  a  working  standard.  On 
the  other  hand,  proved  designs  of  dewpoint  indi¬ 
cators  and  recorders  are  frequently  employed  as 
working  standards  where  accuracy  is  desired. 
Many  models  are  in  the  nature  of  laboratory  in¬ 
struments,  especially  those  depending  on  visual 
observation  and  manual  temperature  control,  re¬ 
quiring  skilled  personnel  for  successful  operation 
so  that  they  are  not  usually  used  in  routine  cali¬ 
brations.  The  dry-  and  wet-bulb  psychrometer  is 
particularly  suited  for  rapid  routine  work.  It 
should  be  used  with  caution  in  small  enclosures, 
for  evaporation  from  the  wet-bulb  may  increase 
the  relative  humidity  of  the  space  being  measured. 
If  adequate  ventilation  is  secured  and  proper  pre¬ 
cautions  are  observed,  the  psychrometer  is  cali¬ 
brated  merely  by  having  its  thermometers 
calibrated. 
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Electric  Hygrometers 

Arnold  Wexler 

This  Circular  is  a  review  of  the  art  of  measuring  the  moisture  content  of  air  by  the 
methods  of  electric  hygrometry.  The  basis  of  these  methods  is  the  change  in  electrical 
resistance  of  a  hygroscopic  material  with  change  in  humidity. 

1.  General  Introduction 


Many,  if  not  most,  materials  sorb  and  desorb 
water  vapor  as  the  ambient  relative  humidity 
increases  or  decreases.  Associated  with  this  sorp¬ 
tion,  there  is  usually  a  corresponding  change  in 
electrical  resistance  of  the  material.  Materials 
which  display  a  humidity-dependent  change  in 
resistance  can  be  utilized  as  humidity  sensors. 
However,  for  a  sensor  to  be  of  practical  use,  it 
should  have  a  reversible  and  reproducible 
humidity-resistance  characteristic.  Such  sensors, 
or  elements,  when  coupled  with  suitable  measuring 
circuits  constitute  the  electric  hygrometer  class  of 
instruments.  An  electric  hygrometer,  therefore, 
may  be  defined  as  an  instrument  for  determining 
the  moisture  content  of  air  (or  any  gas)  by  the 
measurement  of  the  electrical  resistance  of  a 
hygroscopic  material  with  change  in  humidity. 
In  line  with  this  definition,  instruments  that  may 
use  electrical  meters  or  recorders  or  electronic 


devices  in  their  circuitry,  or  that  may  require 
electric  current  for  their  operation,  but  that  do 
not  measure  the  resistivity  or  conductivity  of  a 
hygroscopic  material  are  not  discussed. 

It  is  convenient  to  classify  the  sensors,  in  ac¬ 
cordance  with  their  basic  principles  of  operation, 
into  those  that  depend  upon  (a)  the  conductivity 
of  aqueous  electrolytic  solutions,  (b)  the  surface 
resistivity  of  impervious  solids,  (c)  the  volume 
resistivity  of  porous  solids,  (d)  the  resistivity  of 
dimensionally-variable  materials,  and  (e)  the  tem¬ 
perature  of  saturated  salt  solutions.  These  cate¬ 
gories  are  not  necessarily  mutually  exclusive  nor 
do  they  include  all  possible  ways  in  which  resist¬ 
ance  can  be  used  for  humidity  sensing.  They 
simply  provide  a  basis  for  a  description  and  discus¬ 
sion  of  many  of  the  sensors  that  are  in  use  or  have 
been  proposed. 


2.  Conductivity  of  Aqueous  Electrolytic  Solutions 


2.1  General  Theory 

One  type  of  electric  hygrometer  sensor  is  an 
aqueous  solution  of  an  ionizable  substance.  There 
are  several  variations  of  this  type  of  sensor,  but 
they  all  have  the  same  theoretical  basis  of  opera¬ 
tion.  Briefly,  the  electrical  resistance  of  the 
sensor  is  a  function  of  the  concentration  of  the 
solution  which,  in  turn,  is  a  function  of  the  ambient 
relative  humidity  and  temperature.  Some  of  the 
fundamental  and  theoretical  considerations  of 
sensor  operation  are  discussed  by  Schaffer  [1]  1 
whereas  Evans  and  Davenport  [2]  have  studied, 
experimentally,  the  conduction  mechanism. 

If  a  nonvolatile  solute  is  dissolved  in  water  at 
a  constant  temperature,  the  equilibrium  vapor 
pressure  will  be  lowered  below  the  saturation 
vapor  pressure  of  pure  water  at  that  temperature. 
As  the  concentration  of  the  solution  is  increased, 
the  equilibrium  vapor  pressure  is  decreased. 
With  many  solutes,  such  as  salts,  a  point  is 
reached  at  which  the  further  addition  of  solute  to 


1  Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this 
Circular. 


water  will  produce  no  further  depression  of  the 
vapor  pressure.  The  solution,  at  this  point,  will 
be  saturated  and  the  equilibrium  vapor  pressure 
will  remain  constant.  Under  certain  conditions, 
a  supersaturated  solution  can  be  produced,  but, 
for  the  purposes  of  this  discussion,  it  will  be 
assumed  the  maximum  solubility  is  reached  at 
saturation. 

For  any  given  concentration  and  temperature 
of  an  aqueous  solution,  there  is  a  corresponding 
equilibrium  vapor  pressure.  If  the  solution  is 
surrounded  by  an  open  space,  there  will  be  a  con¬ 
tinual  flow  of  water  vapor  into  and  from  the  solu¬ 
tion.  If  the  vapor  pressure  of  the  space  is  greater 
than  the  equilibrium  vapor  pressure  of  the  solu¬ 
tion,  there  will  be  a  net  flow  into  the  solution; 
conversely,  if  the  vapor  pressure  of  the  space  is 
less  than  the  equilibrium  vapor  pressure  of  the 
solution,  there  will  be  a  net  flow  of  vapor  from 
the  solution  into  the  space.  This  net  vapor  flow 
will  continue  until  either  the  vapor  pressure  of 
the  space  and  solution  are  equalized,  or  the  water 
is  evaporated  completely  from  the  solution.  If  a 
solution  of  finite  volume  is  surrounded  by  an 
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infinite  space  of  constant  vapor  pressure,  only  the 
concentration  of  the  solution  will  change  until  the 
equilibrium  vapor  pressure  of  the  solution  equals 
that  of  the  ambient  space.  The  concentration  of 
the  solution,  at  equilibrium,  is  a  measure,  there¬ 
fore,  of  the  ambient  vapor  pressure  or  relative 
humidity.  One  method  of  determining  the  con¬ 
centration  of  the  solution  is  by  measuring  its 
electrical  conductivity.  Thus,  an  aqueous  solu¬ 
tion  of  an  ionizable  material  can  be  utilized  as  an 
electric  hygrometer  sensor. 

Some  of  the  factors  that  influence  or  control  the 
use,  in  this  fashion,  of  an  aqueous  electrolytic 
solution  are  as  follows: 

(a)  Minimum  relative  humidity.  If  the  solute 
has  a  finite  solubility  in  water,  then  at  saturation, 
the  solution  will  have  attained  its  minimum  rela¬ 
tive  humidity.  If  the  ambient  relative  humidity 
is  less  than  this  minimum  equilibrium  relative 
humdity  of  the  solution,  the  water  will  evaporate 
leaving  only  the  solute.  The  equilibrium  relative 
humidity  for  the  saturated  solution  is  the  lower 
operational  limit  of  the  solution.  Sulfuric  acid  is 
miscible  with  water  in  all  proportions  and  has  no 
minimum  of  this  kind;  this  is  the  reason  for  its 
use  in  some  sensing  elements.  With  lithium 
chloride,  a  salt  that  is  commonly  used  in  sensors 
of  the  electrolytic  class,  the  minimum  theoretical 
relative  humidity  that  may  be  measured  is  14.7 
percent  at  0°  C,  12.0  percent  at  25°  C,  and  11.4 
percent  at  50°  C  [3].  With  sodium  chloride,  the 
minimum  theoretical  relative  humidity,  over  the 
range  of  0°  to  50°  C,  is  74.7  percent  to  75.8 
percent  [3].  The  proper  choice  of  a  salt  depends, 
in  part,  on  the  minimum  relative  humidity  that 
the  sensor  will  be  expected  to  measure. 

(b)  High  relative  humidity.  There  is  a  practical 
upper  relative  humidity  operational  limit  for  the 
solution.  As  the  relative  humidity  increases,  the 
dilution  of  the  solution  increases,  until  at  a  relative 
humidity  of  100  percent,  water  vapor  will  be 
sorbed  continually  as  the  solution  tends  to  ap¬ 
proach  infinite  dilution.  (In  most  practical  sen¬ 
sors,  the  solution  should  not  be  exposed  to  a 
relative  humidity  of  100  percent.) 

(c)  Hydrates.  Many  solutes  possess  the  prop¬ 
erty  of  forming  chemical  compounds  with  their 
solvents.  If  the  solvent  is  water,  then  these 
compounds  are  known  as  hydrates.  The  forma¬ 
tion  of  a  hydrate  will  occur  at  a  specified  tempera¬ 
ture  and  concentration.  Solutes  which  form 
hydrates  will  exhibit  discontinuities  in  their 
equilibrium  vapor  pressure  data  at  the  hydration 
temperatures.  In  addition,  the  solution  conduc¬ 
tivity  at  the  hydration  temperature  will  change 
markedly,  and  during  the  change,  there  will  be  an 
uncertainty  regarding  the  ambient  relative  hu¬ 
midity. 

(d)  Cryohydric  point.  The  addition  of  a  non¬ 
volatile  solute  to  water  lowers  the  freezing  point 
of  the  water.  As  the  concentration  of  the  solution 
is  increased,  and  the  temperature  lowered,  a  point 
is  reached  at  which  the  solute  is  in  equilibrium 


with  both  ice  and  liquid  water.  The  maximum 
depression  of  freezing  point  is  attained  under  this 
condition.  The  lowest  temperature  of  freezing, 
for  a  given  solute  and  water  is  blown  as  the 
cryohydric  point.  If  the  temperature  is  decreased 
below  this  point,  the  solution  will  separate  into 
pure  solute  and  ice.  The  cryohydric  point  is  the 
lowest  theoretical  temperature  at  which  an 
aqueous  solution  of  a  finitely  soluble  solute  can 
be  used  as  an  electric  hygrometer. 

(e)  Volume.  In  theory,  there  is  no  limit  to  the 
volume  of  solution  that  may  be  employed.  In 
practice,  the  volume  should  be  kept  as  small  as 
feasible.  A  small  volume  permits  the  solution  to 
reach  concentration  equilibrium  with  the  ambient 
relative  humidity  much  more  rapidly  than  a  large 
volume.  A  small  volume  will  respond  to  tempera¬ 
ture  changes  more  rapidly,  and  will  affect  the 
atmosphere  of  a  confined  space  less,  which  is  often 
an  important  consideration. 

(f)  Polarization.  Either  alternating  or  direct 
current  can  be  used  in  the  circuit  for  measuring 
the  conductivity  of  the  solution.  If  direct  current 
is  used,  then  the  solution  undergoes  electrolysis, 
and  there  is  a  migration  of  ions  to  the  electrodes. 
Associated  with  this  migration  of  ions  is  the 
phenomenon  of  polarization.  Polarization  may 
be  due  to  a  chemical  or  physical  change  on  the 
surface  of  the  electrode,  or  to  the  deposition  of  a 
film  of  gas  or  oxide  or  other  material,  or  it  may  be 
due  to  a  change  in  concentration  of  the  electrolyte 
in  the  neighborhood  of  the  electrode.  Polarization 
manifests  itself  by  a  change  in  the  conductivity  of 
the  solution  with  time.  If,  alternating  current  is 
used,  then  electrolysis  is  eliminated  and  polariza¬ 
tion  reduced  or  eliminated.  However,  the  electri¬ 
cal  capacitance  of  the  solution,  as  well  as  that  of 
the  measuring  circuit  introduces  a  complicating 
factor.  The  physical  dimensions  of  the  solution 
may  be  varied  to  reduce  the  electrical  capacitance 
and  a  measuring  circuit  may  be  used  which 
balances  out  this  capacitance.  Unless  this  is  done, 
the  solution,  for  low  ambient  relative  humidities, 
may  approach  a  minimum  conductance  (maximum 
impedance) . 

(g)  Electrodes.  The  electrodes  employed  should 
be  materials  that  do  not  corrode  or  react  with  the 
electrolyte.  Noble  metals  are  usually  the  most 
satisfactory  materials  for  use  as  electrodes. 

(h)  Solution  carrier  or  retainer.  Some  conven¬ 
ient  means  must  be  provided  for  physically  con¬ 
taining  or  supporting  the  solution  and  the 
electrodes.  Of  course  an  actual  volumetric  vessel 
or  container  may  be  used  for  this  purpose.  The 
surface  of  the  solution  in  contiguity  with  the 
ambient  atmosphere,  should  be  as  large  as  feasible 
for  a  given  volume.  If  a  vessel  or  container  is 
used  it  will  be  limited  usually  to  a  fixed  position 
to  avoid  spillage.  Because  of  this  and  other 
limitations,  volumetric  containers  are  seldom,  if 
ever,  used.  One  approach  is  to  apply  a  thin  layer 
of  solution,  by  brushing,  dipping  or  spraying,  to 
an  impervious  insulator  on  which  electrodes  have 
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beerf  affixed.  Another  approach  is  to  disperse  the 
solution  in  an  inert  binder  of  high  viscosity  or 
adhesiveness  and  then  to  apply  a  thin  film  of  the 
resultant  mixture  to  an  impervious  insulator. 
Natural  or  synthetic  fibers  or  fabrics  are  more  or 
less  porous  and  will  absorb  and  retain  liquids. 
They  can  be  impregnated  therefore  with  a  suitable 
electrolytic  solution.  In  a  similar  fashion  there 
are  inorganic  materials  that  are  highly  porous  and 
these  also  can  be  impregnated  with  appropriate 
solutions. 

2.2.  Electrolytic  Solution  on  Impervious 
Insulating  Surfaces 

a.  Weaver  Water  Vapor  Indicator 

The  use  of  an  electrolytic  solution  on  an  imper¬ 
vious  insulator  as  a  moisture  detector  was  studied 
as  early  as  1923  by  Weaver  and  Ledig  [4,  5].  They 
found  that  of  the  materials  they  investigated, 
sulfuric  and  phosphoric  acids  were  the  most  useful, 
for  with  these  acids,  extremely  low  moisture  con¬ 
tents  could  be  detected.  However,  it  was  neces¬ 
sary  to  use  alternating  current  in  the  measuring 
circuit  to  prevent  polarization  and  to  mix  the 
electrolyte  with  gelatin  or  a  similar  binder  to 
prevent  “creeping”  of  the  film  of  electrolyte  after 
it  has  been  coated  on  the  surface  of  a  detector. 
Even  with  these  precautions,  the  calibration 
changed  so  rapidly  that  very  frequent  recalibra¬ 
tions  were  necessary.  This  method  was  little 
used  until  a  need  developed  for  measuring  the 
moisture  content  of  cylinders  of  compressed 
oxygen.  Weaver  and  Riley  [6]  then  devised  a 
simple  and  rapid  calibration  technique  whereby 
the  resistance  of  the  electrolytic  film,  soon  after 
a  measurement,  could  be  translated  into  a  measure 
of  the  moisture  content. 

The  detector  of  the  Weaver  water  vapor  in¬ 
dicator  comprises  two  closely  spaced  concentric 
platinum  electrodes,  separated  by  an  insulating- 
material,  usually  glass,  and  housed  in  a  high  pres¬ 
sure  case  such  as  an  aviation  engine  spark  plug. 
A  small  amount  of  electrolyte  is  applied  to  the 
detector  and  wiped  across  the  surface,  say,  with 
a  clean  cloth,  leaving  a  thin  film.  The  detector  is 
then  exposed  to  an  atmosphere  of  unknown  humid¬ 
ity  and  the  resistance  of  the  film  measured  with  an 
alternating  current  bridge  or  similar  circuit.  The 
detector  is  now  exposed  to  a  gas,  such  as  ah', 
oxygen,  or  nitrogen,  the  moisture  content  of  which 
can  be  controlled  in  a  known  way.  This  is  accom¬ 
plished  by  saturating  dry  gas  at  a  high  pressure 
and  expanding  to  a  lower  pressure.  The  pressures 
are  adjusted  so  that  the  resistance  of  the  detector 
in  the  atmosphere  of  known  water  vapor  content 
is  identical  to  that  in  the  atmosphere  of  unknown 
humidity.  In  essence,  this  is  a  null  method  in 
which  an  electric  hygrometer  is  used  to  balance 
an  unknown  humidity  against  a  known  humidity. 

Figure  1  is  a  simplified  flow  diagram  of  the 
apparatus.  A  pressure  regulator  is  used  to  set  the 
pressure  in  the  saturator  at  any  desired  value, 
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Figure  1.  Simplified  flow  diagram  of  Weaver  water  vapor 
indicator. 

P, s,  and  an  expansion  valve  reduces  the  pressure 
of  the  saturated  gas  to  PT.  The  saturator  may 
be  one  or  more  high  pressure  metal  cylinders 
filled  with  moistened  pumice  or  gravel.  The 
detector  is  inserted  into  a  test  cell  which  can  be 
filled  either  with  the  test  gas  of  known  moisture 
content  or  with  the  atmosphere  of  unknown 
humidity.  Alternatively,  the  detector  may  be 
inserted  directly  into  the  atmosphere  of  unknown 
humidity,  and  after  a  reading  has  been  made,  it 
then  may  be  inserted  in  the  test  cell  for  calibration. 

Assume  that  the  gas  of  unknown  humidity,  at 
an  absolute  pressure  Pi}  is  expanded  to  an  absolute 
pressure  Px  at  which  pressure  it  produces  a  suit¬ 
able  reading  on  the  detector.  Assume  also  that 
the  desired  information  is  the  moisture  content  of 
this  gas  at  an  absolute  pressure  P.  If  the  pressure 
changes  occur  at  constant  temperature,  and  if 
the  water  vapor-gas  mixture  obeys  the  ideal  gas 
laws,  then  the  moisture  content,  W,  at  P  is 
related  to  the  moisture  content  Wx  at  Px  by 

W=WX~-  (1) 

Let  the  gas,  used  in  the  calibration  procedure,  be 
saturated  at  an  absolute  pressure  Ps  and  expanded 
to  an  absolute  pressure  Pc ■  If  the  saturation 
and  expansion  are  isothermal,  and  if  gas  ideality 
is  again  assumed,  then  the  moisture  content 
Wc,  at  pressure  Pc  is  related  to  the  moisture 
content  Ws,  at  Ps  by 

Wc=Wsw-  (2) 

A  S 

If  the  resistance  of  the  electric  hygrometer,  that 
is,  the  water  vapor  detector,  is  the  same  at  Pc 
with  the  gas  of  known  moisture  content  as  at 
Px  with  the  gas  of  unknown  humidity,  then  the 
moisture  contents  of  these  two  gases,  at  their 
respective  pressures  are  equal,  that  is,  Wx—Wc. 
Therefore,  the  moisture  content  of  the  gas  of 
unknown  humidity  is  obtained  by  substituting 
eq  (2)  into  (1)  to  give 

W=W^£-  (3) 

i  S  i  X 
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The  moisture  content  may  be  expressed  in  any 
of  several  ways:  (a)  water  vapor  density,  in  mass 
of  water  vapor  per  unit  volume;  (b)  vapor  pres¬ 
sure;  or  (c)  relative  humidity.  The  densities 
and  vapor  pressures  of  saturated  water  vapor 
are  given  in  standard  tables  [7]  so  that  for  any 
given  temperature,  the  appropriate  value  for 
II  s  can  be  obtained.  In  terms  of  relative  humid¬ 
ity  Ws  is  always  equal  to  100  percent. 

For  many  meteorological  applications,  where 
the  moisture  content  of  atmospheric  ah'  is  to  be 
measured,  the  detector  will  be  exposed,  usually, 
to  the  atmospheric  air  at  atmospheric  pressure 
and  its  moisture  content  will  be  desired  at  at¬ 
mospheric  pressure.  Thus  P  is  equal  to  Px  and 
eq  (3)  reduces  to 

w  =  (4) 

t  s 


The  quantity  of  vapor  that  exists  in  equilib¬ 
rium  with  the  liquid  or  solid  phase  of  water,  in 
the  absence  of  any  other  vapor  or  gas,  is  a  function 
solely  of  the  temperature.  In  the  presence  of 
an  inert  gas,  the  nature  of  the  gas  and  the  pressure 
of  the  gas  influences  the  equilibrium  quantity  of 
vapor.  Weaver  [6,  8]  has  shown  that  for  such 
gases  as  air,  oxygen,  and  nitrogen,  for  pressures 
up  to  6,000  psi,  and  for  temperatures  of  —45° 
to  +38°  C,  an  empirical  relation  may  be  used  to 
account  for  the  pressure  effect.  Thus,  eq  (3) 
becomes 


PcP(l-KPc+K'Ph)g-KP+K'P2) 
nsPsPx(l~KPs+K'P2s)(l-KPx+K'P2x )  w 


and  eq  (4)  becomes 

lirPc(l-KPc+K'P2c ) 
^sPsil-KPs+K'Pl) 

where 


(6) 


Fl=1.9X10~4  and  A''  =  1.4X10-8. 


With  phosphoric  acid  as  the  electrolyte  on  the 
detector,  moisture  concentrations  as  low  as  8  Mg 
of  water  vapor  per  liter  are  adequately  measured 
and  moisture  concentrations  as  low  as  3  Mg/hter 
can  be  detected.  With  sulfuric  acid  as  the 
electrolyte,  concentrations  as  low  as  a  fraction  of 
a  microgram  per  liter  can  be  detected.  In  terms 
of  dewpoint  with  respect  to  ice,  these  concentra¬ 
tions  are  approximately  equivalent  to  dewpoints 
of  —62°,  —69°,  and  —80°  C.  The  thickness  of 
the  electrolytic  film  on  the  detector  is  not  critical. 
However,  a  thick  film  is  more  sensitive,  and  slower 
in  response,  than  a  thin  film. 

The  main  use  of  the  Weaver  water  vapor  indi¬ 
cator  is  to  measure  low  moisture  contents,  es¬ 
pecially  the  moisture  content  of  compressed  gases. 
Because  of  the  relative  instability  of  calibration  of 
the  sensitive  film  on  the  detector,  the  preferred 
technique  for  procuring  a  reliable  reading  is  to 


calibrate  the  film  immediately  after  exposure  to  a 
gas  of  unknown  humidity.  A  film  may  maintain 
its  calibration  without  appreciable  change  for  15 
min.  The  indicator  can  therefore  be  utilized  to 
follow,  for  short  intervals  of  time,  changing 
humidity  conditions.  In  general,  it  is  not  too  well 
adapted  for  giving  continuous  readings  of  changing 
moisture  concentrations  for  extended  periods  of 
time.  The  accuracy  of  this  device  depends,  in 
large  measure  on  (a)  the  accuracy  of  the  water 
vapor  content  of  the  test  gas  at  saturation,  (b)  the 
accuracy  of  the  pressure  measurements,  (c)  the 
accuracy  of  the  pressure  correction  term,  and 
(d)  on  the  absence  of  moisture  sources  and  sinks 
within  the  equipment.  In  the  present  state  of 
development,  the  saturator,  test  cell,  and  detector 
are  operated  at  room  temperature.  The  tempera¬ 
ture  of  these  components  varies,  more  or  less,  with 
ambient  temperature.  Errors  in  the  temperature 
of  these  components,  or  differences  in  temperature, 
are  reflected  as  errors  in  the  indicated  moisture 
content.  For  example,  an  error  of  1°  C  in  the 
temperature  of  the  saturator,  or  a  difference  of 
1°  C  between  the  saturator  and  test  cell  or  detector 
that  is  not  corrected  for  in  the  computation,  will 
introduce  an  error  of  about  6  percent  in  the  meas¬ 
ured  moisture  content  at  an  ambient  temperature 
of  about  25°  C. 

b.  Dunmore  Hygrometer 

In  exploring  the  possibilities  of  electric  liy- 
grometry  for  measuring  the  moisture  content  of 
the  upper  air  during  a  radiosonde  flight,  Dunmore 
[9,  10]  experimented  with  the  use  of  various  elec¬ 
trolytic  solutions,  such  as  calcium,  zinc,  and 
lithium  chloride  salts,  sulfuric  and  phosphoric 
acid,  and  mixtures  of  these  materials,  coated  on 
glass  cylinders.  As  a  result,  he  developed  a 
hygrometer  that  consisted  of  a  thin  wall  flint  glass 
tube,  10  mm  in  diameter,  0.3  mm  in  thickness, 
and  12.7  cm  long,  roughened  by  sand  blasting  or 
etching,  and  having  a  bifilar  coil  of  No.  38  AWG 
bare  tinned  copper  wire,  with  a  pitch  of  20  turns 
per  inch,  wound  on  its  outer  surface.  When 
coated  with  a  dilute  aqueous  solution  of  lithium 
chloride,  the  resistance  of  the  unit,  between  the 
two  coil  windings,  was  a  function  of  the  ambient 
relative  humidity  and  temperature.  Figure  2  is 
typical  calibration.  Although  this  hygrometer 
was  subject  to  the  same  defects  as  that  of  Weaver 
and  Ledig,  Dunmore  found  that  if  he  held  it  at  a 
constant  relative  humidity  prior  to  use,  and  cali¬ 
brated  it  within  a  few  days  of  use,  it  was  capable 
of  giving  indications  accurate  to  ±  5  percent 
relative  humidity.  He  also  found  that  the  long 
time  aging  or  instability  was  due  to  either  the 
oxidation  or  corrosion  of  the  tinned  copper  elec¬ 
trodes  and  that  the  hysteresis  was  associated  with 
the  roughened  surface  of  the  glass.  By  using 
platinum  or  palladium  electrodes  and  a  smooth 
polystyrene  base,  he  was  able  to  improve  the  per¬ 
formance  of  the  hygrometer  so  that  it  held  its 
calibration  to  within  ±3  percent  for  6  months. 
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Figure  2.  Typical  calibration  of  an  electrolytic  type  of 
electric  hygrometer. 

Roughened  glass  tube  with  bifilar  coil  electrodes  coated  with  5  percent  (by 
volume  of  a  saturated  solution  and  water)  lithium  chloride  solution.  After 
Dunmore. 

c.  Larach  Hygrometer 

Although  such  electrolytes  as  lithium  chloride, 
zinc  chloride,  phosphoric  acid,  and  sulfuric  acid 
have  been  favored  for  sensor  use,  there  has  been 
a  continuing  search  for  materials  which  have  such 
improved  characteristics  as  increased  sensitivity, 
less  temperature  dependence,  faster  speed  of  re¬ 
sponse  and  less  polarization.  Solutions  of  the 
tetrachlorides  of  the  metals  tin,  zirconium,  haf¬ 
nium,  and  lead,  have  been  proposed  by  Larach  [11] 
for  use  as  sensors.  A  thin  layer  of  such  a  solution 
is  applied  to  an  insulator,  say  a  glass  slide  with 
fused  silver  electrodes,  and  heated  at  about  80° 
to  100°  C  imtil  it  partially  dries  and  becomes 
tacky.  A  hygrometer  element  made  in  this  way 
has  a  nonlinear  relation  between  the  logarithm  of 
the  resistance  and  the  relative  humidity,  as  shown 
in  figure  3.  The  S-shape  nature  of  this  curve 
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Figure  3.  Typical  calibration  curve  of  a  Larach  hygrometer. 

Insulator  coated  with  a  solution  of  the  tetrachloride  of  either  tin,  zirconium, 
hafnium,  or  lead. 


gives  rise  to  the  greatest  sensitivity  for  the  middle 
range  of  relative  humidities  and  reduced  sensi¬ 
tivities  for  both  low  and  high  humidities.  The 
purported  advantage  of  such  a  sensor  is  the  reduc¬ 
tion  or  elimination  of  polarization. 

d.  Gregory  Hygrometer 

An  electric  hygrometer  has  been  developed  by 
Gregory  [12]  in  which  glass  wool  yarn,  impregnated 
with  an  electrolytic  solution,  is  used  as  the  sen¬ 
sitive  element.  One  variant  of  this  sensor  is  made 
by  winding  9  feet  of  yarn  around  four  platinum- 
clad  nickel-iron  core  electrodes.  The  electrodes 
are  connected  in  pairs.  The  yarn  consists  of  100 
fibers,  each  about  25X10-5  cm  in  diameter;  about 
0.6  mg  of  calcium  chloride  in  solution  is  spread 
over  the  yarn.  Each  fiber  of  the  yarn  acts  as  an 
impervious  insulating  surface,  but  the  yarn,  to 
some  extent,  is  partially  a  porous  medium  so  that 
solution  is  held  and  retained  in  the  spaces  between 
adjacent  fibers.  Such  a  sensor  exhibits  a  near 
linear  relationship  between  the  logarithm  of  the 
resistance  and  the  logarithm  of  the  relative  humid¬ 
ity,  as  shown  in  figure  4. 


Figure  4.  Typical  calibration  curves  of  the  Gregory 
hygrometer. 

Glass  fibers  coated  with  calcium  chloride  solution. 

The  range  of  this  type  of  sensor  has  been  ex¬ 
tended  to  relative  humidities  of  1  percent  or  less  by 
a  modification  in  which  the  impregnated  glass  wool 
yarn  is  wound  on  a  platinum  electrode  %6  in.  in 
diameter.  A  second  electrode,  comprising  a 
platinum  strip  0.001  in.  in  thickness  and  0.01  in.  in 
width  is  wound  over  the  yarn.  The  conducting 
path  is  across  the  diameter  of  the  yarn.  Such  an 
element  can  be  made  with  a  resistance  that  varies 
from  1.5  megohms  at  1  percent  relative  humidity 
to  8,000  ohms  at  10  percent  relative  humidity. 
Normal  range  elements,  using  the  former  construc¬ 
tion,  have  been  developed  that  have  an  over-all 
size  of  10X6X6  mm  [13].  These  miniature 
elements  are  probably  accurate  to  ±2  percent 
relative  humidity.  After  a  discrete  change  in 


724/5 


relative  humidity,  at  room  temperature,  the  mini¬ 
ature  element  undergoes  a  63  percent  change  in 
indication  in  2  to  2%  min  and  a  90  percent  change 
in  indication  in  3  to  5  min. 

2.3.  Electrolytic  Solutions  in  Organic  Binders 

One  difficulty  with  the  direct  application  of 
aqueous  electrolytic  solutions  to  impervious  in¬ 
sulating  surfaces  is  the  tendency  for  the  solution 
to  break  up  into  globules  of  liquid,  or  to  move  or 
“creep”,  particularly  when  under  the  influence  of 
such  forces  as  gravity,  and  even  to  drip  from  the 
substrate  surface.  In  order  to  keep  the  solution 
on  the  surface,  the  latter  has  sometimes  been 
treated  to  make  it  rough,  as,  for  example,  the  sand¬ 
blasting  or  etching  of  glass  when  it  is  used  as  the 
insulator.  If  the  surface  treatment  is  too  exten¬ 
sive,  then  the  insulator  may  approach  the  category 
of  a  porous  medium  whereby  the  solution  is  re¬ 
tained  in  pores  or  capillaries  of  the  insulator.  An 
alternative  method  can  be  used  to  keep  the  solution 
on  a  smooth  surface.  The  electrolytic  solution  is 
mixed  with  a  binder,  usually  organic,  that  has  ex¬ 
cellent  adhesive  properties  and  the  resultant  mix¬ 
ture  is  applied  to  the  insulating  surface.  What  is 
particularly  desired  in  such  a  binder  is  the  ability  to 
mix  readily  with  the  solution  and  to  permit  water 
vapor  to  diffuse  rapidly  through  the  mixture.  A 
binder  which  forms  a  highly  pervious  structure  on 
drying,  and  which  has  proved  to  be  excellently  suit¬ 
able  for  electric  hygrometer  sensor  use  is  partially 
hydrolyzed  poly vinyl  acetate  [14,15].  Another  good 
binder  is  polyvinyl  alcohol  [16].  Agar-agar, 
pectin,  gelatin  [17],  alkyl  aryl  poly-ether  alcohol 
[18],  and  methyl  methacrylate  [6]  also  have  been 
used  as  binders.  The  addition  of  a  binder  in¬ 
creases  the  lag  of  the  electric  hygrometer  because 
water  vapor  has  to  diffuse  through  the  structure  of 
the  binder  in  order  that  equilibrium  conditions  may 
be  attained.  On  the  other  hand,  the  binder  may 
enhance  the  even  distribution  of  solution  on  the 
substrate  surface,  leading  to  greater  reproduci¬ 
bility  between  elements  fabricated  under  uniform 
conditions.  Then  too,  it  has  been  established  that 
a  binder  may  act  to  reduce  polarization,  as  in  the 
case  of  partially  hydrolyzed  polyvinyl  acetate  and 
lithium  chloride  solution  films  [14].  Elements 
made  with  solutions  in  binders,  when  not  exposed 
to  severe  temperature  extremes,  or  to  high  relative 
humidities  for  extended  intervals  of  time,  will 
maintain  their  calibration  and  perform  well  for 
periods  in  excess  of  1  year. 

a.  Dunmore  Hygrometer 

One  of  the  most  successful  of  the  electric  hygrom¬ 
eters  of  this  type  is  that  developed  by  Dunmore 
[14,  15].  In  his  early  researches,  Dunmore  experi¬ 
mented  with  aqueous  solutions  on  impervious  in¬ 
sulators.  It  was  not  until  he  conceived  the  idea  of 
combining  a  dilute  aqueous  solution  of  lithium 
chloride  with  an  alcoholic  solution  of  partially 
hydrolyzed  polyvinyl  acetate  that  he  produced  an 


excellent  sensor  that  subsequently  found  wide 
application  in  meteorology  and  in  industrial 
applications. 

The  early  version  of  this  sensor  was  made  by 
coating  a  thin-walled  aluminum  tube  with  a  poly¬ 
styrene  solution  to  form  an  insulating  layer  over 
the  aluminum.  In  a  later  version,  the  aluminum 
tube  was  replaced  with  a  polystyrene  tube.  A 
bifilar  coil  of  No.  38  AWG  bare  palladium  wire 
is  wound  on  the  tube;  the  two  wires  of  the  coil  act 
as  the  electrodes.  The  unit  is  coated  by  dipping 
into  a  binder-electrolyte  mixture  of  appropriate 
concentration  and  withdrawing  at  a  constant  rate. 
It  is  then  aged  under  room  conditions  for  10  to 
14  days,  or  inserted  in  an  atmosphere  of  gently 
circulating  ah'  at  60  percent  relative  humidity  at 
26°  C  for  2  days.  During  the  aging  period,  the 
resistance  decreases  and  settles  down  to  a  final 
value. 

By  choosing  the  proper  number  of  turns  of 
wire,  pitch,  tube  diameter,  and  concentration  of 
lithium  chloride,  the  resistance  of  the  film  can  be 
made  to  vary  over  an  appreciable  range  for  a 
desired  relative  humidity  range.  Sensors  have 
been  designed  that  have  the  same  resistance  range, 
for  increments  of  relative  humidity  of  16  percent; 
eight  such  sensors  cover  the  range  of  relative 
humidities  from  6  to  99  percent. 

For  radiosonde  use,  a  single  element  has  been 
developed  that  has  a  resistance  range  of  4,000 
ohms  to  6  megohms,  as  the  relative  humidity,  at 
20°  C,  goes  from  100  to  15  percent.  This  element 
is  a  flat  sheet  of  polystyrene,  3  x  %  x  %2  in.  with 
tin  electrodes  affixed  to  the  long  edges  by  sputter¬ 
ing.  The  element  is  coated,  by  dipping,  hi  a 
binder  and  lithium  chloride  solution  mixture. 
The  calibration  characteristics  of  such  an  element 
are  shown  in  figure  5.  At  room  temperature,  with 
an  air  velocky  of  768  ft/min  parallel  to  the  long- 
edge  of  the  element,  the  63  percent  speed  of  re¬ 
sponse  is  3  to  6  sec  and  the  90  percent  speed  of 


Figure  5.  Standard  calibration  curve  of  the  narrow  width , 
lithium  chloride,  electric  hygrometer  element  used  with  the 
radiosonde. 
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response  is  25  to  35  sec.  Temperature  has  a 
marked  effect  on  the  speed  of  response.  At 
—  20°  C,  the  63  percent  speed  of  response,  at  air 
velocities  of  525  ft /min  is  50  to  150  sec  [19]. 
Actually,  the  speed  of  response  is  an  involved 
function  of  temperature,  magnitude  and  direction 
of  the  relative  humidity  change,  initial  relative 
humidity,  orientation  of  the  element,  and  air 
velocity  [19,  20]. 

The  Dunmore  hygrometer  is  manufactured 
commercially  for  industrial  and  scientific  applica¬ 
tions  in  both  tubular  and  flat  strip  forms  [21,  22, 
23].  Units  have  been  designed  for  special  applica¬ 
tions  where  small  size  is  important  [24,  25]. 

2.4.  Electrolytic  Solutions  on  Fibers  and 
Fabrics 

Most  organic  fibers  are  somewhat  porous  and 
have  a  capacity  for  absorbing  liquids.  When 
fibers  are  woven  into  fabrics,  not  only  do  the  fibers 
absorb  liquids,  as  they  would  singly,  but  the 
interstices  between  the  fibers  of  the  fabric  can 
retain  additional  liquid.  This  ability  of  fibers 
and  fabrics  to  absorb  liquids  lends  itself  readily  to 
electric  hygrometry,  for  an  electrolytic  solution 
can  be  used  to  impregnate  these  materials  and  so 
form  humidity  sensors.  The  fiber  or  fabric  acts  as 
a  carrier  for  the  solution.  At  the  same  time,  it 
also  inhibits  the  rapid  equilibrium  between  am¬ 
bient  humidity  and  solution  concentration,  for  as 
with  the  binder  discussed  above,  water  vapor  has 
to  diffuse  through  the  capillaries  within  the  fiber 
and  the  interstices  between  fibers. 

It  is  possible  to  utilize  such  natural  fibers  as 
liah-,  cotton,  silk,  or  such  synthetic  fibers  as  rayon, 
nylon,  or  saran  [18].  Further,  fabrics  from  these 
fibers  or  materials  such  as  paper  or  asbestos  cloth 
are  suitable  bases  for  treatment  with  electrolytic 
solutions  [26,  27,  28,  30,  32,  33].  The  electrolyte 
must  be  one  that  will  not  react  with  the  base 
material.  O’Sullivan  [29]  has  been  demonstrated 
that  the  conduction  of  cellulosic  materials  im¬ 
pregnated  with  salt  is  ionic. 

a.  Gregory  Hygrometer 

The  Gregory  hygrometer  is  an  example  of  how 
an  electric  hygrometer  of  the  salt-impregnated 
fabric  type  can  be  made  and  of  how  it  may  be 
expected  to  perform  [30,  31,  32,  33].  In  the 
version  used  by  Ogden  and  Rees  [33],  a  thin, 
grey,  rectangular  piece  of  cotton  fabric,  is  boiled 
in  a  1 -percent  solution  of  lithium  chloride  and 
allowed  to  air  dry.  This  material  is  clamped, 
along  each  long  edge  by  a  thin  piece  of  copper 
foil,  leaving  a  narrow  strip  of  exposed  fabric 
fsXl  in.  Contact  and  adhesion  between  the 
copper  foil  and  the  cloth  is  increased  by  using- 
colloidal  graphite  as  a  bonding  agent.  The 
copper  foil  strips  serve  as  electrodes.  The  weft 
threads  are  removed  from  the  fabric  to  increase 
the  porosity  and  improve  the  speed  of  response 
of  the  element.  Copper  wires  are  attached  to 


the  electrodes  to  function  as  leads,  and  both  the 
wires  and  electrodes  are  insulated  by  coating 
with  polystyrene  cement.  Figure  6  is  a  sketch 
of  the  unit. 


Figure  6.  Ogden  and  Rees  version  of  the  Gregory  hygrometer. 

Cotton  fabric  impregnated  with  one  percent  lithium  chloride  solution. 
Copper  foil  electrodes. 

A  typical  calibration  curve  for  the  liygrometer 
is  shown  in  figure  7.  There  is  a  hysteresis  effect 
and  a  temperature  effect  on  the  calibration. 
It  is  claimed  that  an  accuracy  of  ±2  percent  can 
be  obtained  from  this  hygrometer. 


Figure  7.  Typical  calibration  of  the  Ogden  and  Rees 
version  of  the  Gregory  hygrometer. 

2.5.  Electrolytic  Solutions  in  Porous  Ceramics 

A  porous  ceramic  can  be  impregnated  with  a 
salt  solution  to  form  a  sensor  in  which  the  current 
flow  is  ionic.  Such  a  sensor  has  been  developed 
by  White  [34].  The  core  for  this  element  is  pure 
low-fired  alumina.  It  is  saturated  with  a  solu¬ 
tion  of  a  salt  such  as  lithium  chloride  or  sodium 
dichromate.  Two  helical  spiral  coils  of  small 
diameter  platinum  wire  are  wound  on  the  surface 
and  so  arranged  that  current  can  flow  from  coil 
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to  coil,  in  proportion  to  the  resistivity  of  the 
impregnated  core,  and  a  heating  current  can  be 
passed  through  one  coil  to  raise  the  temperature 
of  the  core.  The  circuit  is  shown  in  figure  8. 
In  this  way,  the  temperature  of  the  core  can  be 
adjusted  to  any  desired  value  above  ambient; 
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Figure  8.  Circuit  diagram  of  the  White  hygrometer. 
Porous  low-fired  alumina  core  impregnated  with  salt  solution. 

yet  the  sensor  still  functions  in  the  usual  fashion 
by  a  variation  in  resistance  with  relative  humidity. 
Typical  calibration  curves,  with  and  without 
heating  current,  are  shown  in  figure  9.  Within 
limits,  variations  in  electrical  characteristics 
from  element  to  element,  changes  in  ambient 
temperature,  line  voltage,  and  heater  currents 
produce  curves  that  are  nearly  parallel.  This 
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Figure  9.  Typical  calibration  curves  for  the  White 

hygrometer. 

facilitates  the  use  of  slight  changes  in  heater 
current  to  compensate  for  most  of  the  variables 
encountered. 

The  speed  of  response  of  the  sensor  is  a  function 
of  ambient  temperature  and  relative  humidity. 
For  high  humidities  and  high  temperatures,  it 
is  several  minutes;  at  temperatures  around  0°  C 
and  relative  humidities  under  30  percent,  it  is 
1  hour  or  even  longer. 


3.  Surface  Resistivity  of  Impervious  Solids 


3.1.  General  Theory 

The  surface  resistivity  of  some  impervious 
materials,  in  particular,  electrical  insulators  such 
as  glass,  porcelain,  and  plastics,  varies  in  a  marked 
way  with  ambient  relative  humidity.  Water 
vapor  is  adsorbed  on  the  surface  of  these  materials, 
and  retained  by  physical  bonding  forces,  forming 
a  thin  film  whose  thickness,  and  possibly  conti¬ 
nuity,  is  a  function  of  the  relative  humidity.  This 
film  of  moisture  provides  a  leakage  path  for 
current  flow.  There  probably  are  minute  quan¬ 
tities  of  soluble  salts  or  gases  present  on  the 
surface  of  the  insulator  which  contribute  to  the 
conductivity  of  the  film.  The  net  effect  is  that 
the  surface  resistivity  may  decrease  six  or  more 
decades  as  the  relative  humidity  of  the  surround¬ 
ing  air  increases  from  0  to  100  percent.  Because 
the  material  has  an  impervious  surface,  little  or 
no  water  vapor  will  penetrate  or  diffuse  into  the 
body.  The  water  vapor  that  is  sorbed  remains 
on  the  surface.  It  is  to  be  expected,  therefore, 
that  the  attainment  of  equilibrium  between 
adsorbed  water  vapor  and  ambient  relative 
humidity  will  be  relatively  fast.  Materials  nor¬ 
mally  classified  as  impervious  are  seldom  com¬ 
pletely  so ;  there  is  usually  some  diffusion  of  water 
vapor  into  or  out  of  the  interior.  Diffusion  is  a 
relatively  slow  process.  Thus,  a  material  may 


exhibit  an  initial  fast  response  to  a  change  in 
relative  humidity,  but  also  the  time  for  reaching 
final  equilibrium  may  be  prolonged  by  the  slow 
diffusion  of  a  small  amount  of  vapor. 

The  magnitude  of  the  surface  resistivity  of  an 
insulator  is  very  high.  This  requires  the  use  of 
special  measuring  circuits  and  techniques.  Pro¬ 
vided  one  can  measure  the  high  resistances  in¬ 
volved,  impervious  insulators  form  a  class  of 
electric  hygrometer  sensors  that  are  especially 
useful  where  fast  response  is  needed. 

3.2.  Nonporous  Insulators 

One  of  the  first  to  propose  the  use  of  an  im¬ 
pervious  insulator  as  a  moisture  detector  was 
Pionchon  [35].  His  device  was  a  glass  tube,  with 
silvered  electrodes.  With  a  voltage  impressed 
across  the  electrodes,  a  galvanometer  was  able 
to  detect  the  flow  of  current  when  the  detector 
was  moved  from  a  dry  to  a  moist  atmosphere. 
Curtis  [36]  and  Field  [37]  investigated  the  surface 
sensitivity  properties  of  a  large  variety  of  in¬ 
sulating  materials  and  showed  that  the  resistivity 
decreased  through  several  orders  of  magnitude 
as  the  relative  humidity  increased  from  0  to  100 
percent.  These  studies  indicated  that  some  ma¬ 
terials  take  hours  or  days  to  reach  equilibrium, 
due  to  their  porous  structure.  The  laws  of  film 
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formation  on  glazed  surfaces  appear  to  be  loga¬ 
rithmic  [38]. 

Lubach  [39]  and  Polin  [40]  proposed  hygro¬ 
meters  that  use  glass,  porcelain,  glass  wool,  hard 
rubber,  and  ceramics  as  moisture  sensors.  Dun- 
more  [10,  11]  attempted  to  use  glass  tubing, 
roughened  by  sandblasting  or  etching,  and  wound 
with  a  bifilar  bare  copper  wire  coil  for  electrodes, 
as  a  sensor.  Although  he  found  that  he  obtained 
usable  indications  from  such  a  sensor,  he  dis¬ 
carded  it  in  favor  of  the  electrolytic  solution. 
Edlefsen  [41]  proposed  the  use  of  glass  wool,  in 
a  cell  with  electrodes,  for  measuring  relative 
humidity.  A  hygrometer  employing  a  glass  wool 
cell  as  a  detector  now  appears  to  be  commercially 
available  [42].  This  instrument  has  a  relative 
humidity  range  of  42  to  100  percent,  a  tempera¬ 
ture  range  of  —40°  to  80°  C,  and  a  corresponding 
resistance  range  of  100  megohms  to  40,000  ohms. 

3.3.  Salt  Film 

Consider  a  thin  film  of  salt  deposited  on  an 
insulator  and  exposed  to  a  constant  relative 
humidity.  If  the  ambient  relative  humidity  does 
not  exceed  the  equilibrium  relative  humidity  of  a 
saturated  solution  of  the  salt,  then  the  film  will 
sorb  only  enough  water  vapor  that  can  be  held 
by  physical  bonding  forces.  The  quantity  of 
adsorbed  water  vapor  will  be  a  function  of  the 
ambient  relative  humidity.  The  resistance  of  the 
film  will  be  a  measure  of  the  ambient  relative 
humidity. 

A  sensor  of  this  type  has  an  upper  limit  equal 
to  the  equilibrium  relative  humidity  of  the  satu¬ 
rated  solution  of  its  salt.  Thus,  if  the  sensor  is 
to  be  exposed  to  the  full  range  of  relative  humid¬ 
ities,  the  salt  should  have  an  equilibrium  relative 
humidity  that  is  as  close  to  100  percent  as  possible. 
This  implies  that  the  salt  should  be  practically 
insoluble  in  water.  Even  though  the  salt  may  be 
insoluble  in  water,  or  the  sensor  never  exposed 
to  relative  humidities  equal  to  or  greater  than 
that  of  the  saturated  solution  of  the  salt,  it  is 
probable  that  some  molecules  of  the  salt  ionize 
in  the  adsorbed  water  vapor  and  therefore  con¬ 
tribute  to  the  measured  conductivity  of  the  sur¬ 
face  film. 

Salt  films,  used  in  the  manner  described  above, 
have  been  proposed  or  developed  as  electric 
hygrometer  sensors  by  McCulloch  [43],  Auwarter 
[44],  and  Wexler  et  al.  [45].  Anderson  [46]  had 
used' a  bead  of  calcium  chloride,  containing  two 
copper  wire  leads  separated  by  a  1  mm  gap  as  a 
moisture  detector.  In  a  dry  atmosphere,  the 
resistance  was  30,000  ohms;  in  the  presence  of 
water  vapor  the  resistance  dropped  to  200  ohms. 
Fiene  [47]  designed  detectors  made  with  fused 
salt.  He  utilized  the  increased  conductivity  of 
the  detector,  when  it  formed  a  saturated  solution, 
to  designate  the  ambient  relative  humidity.  Both 
Anderson  and  Fiene  relied  on  the  pronounced 
change  in  the  resistance  of  a  soluble  salt,  as  it 


went  into  solution,  and  in  this  respect  their 
sensors  differ  from  those  of  McCulloch,  Auwater, 
or  Wexler  et  al. 

a.  McCulloch  Hygrometer 

The  McCulloch  sensor  [43]  consists  of  a  coating 
of  beryllium  fluoride  applied  to  a  Pyrex  tube  on 
which  there  is  a  bifilar  coil  that  functions  as 
electrodes.  The  electrodes,  0.002-in.  diameter 
nickel  wire,  are  wound  on  a  /4-in.  diameter  Pyrex 
tube.  Each  electrode  has  10  turns  of  wire  and 
the  two  electrodes  are  spaced  %-in.  apart.  The 
tube  is  dipped  in  a  boiling  3  percent  aqueous  solu¬ 
tion  of  beryllium  fluoride,  dried,  and  baked  at 
about  300°  C.  The  calibration  of  this  sensor  is 
shown  in  figure  10.  The  resistance  at  97  percent 
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Figure  10.  Calibration  curve  of  the  McCulloch  hygrometer. 

Beryllium  fluoride  film  on  Pyrex. 

relative  humidity  is  about  3X105  ohms  and  at  30 
percent  is  about  1012  ohms. 

b.  Auwarter  Hygrometer 

In  the  Auwarter  hygrometer  [44],  a  thin  film  of 
a  metallic  fluoride,  such  as  magnesium  fluoride, 
aluminum  fluoride  or  cryolite,  is  deposited,  in 
vacuum,  upon  an  impervious  insulating  material 
with  spaced  metallic  electrodes.  The  film  so 
formed  has  a  thickness  of  the  order  of  4X10-4  to 
10-5  in.  The  logarithm  of  the  resistance,  except 
at  low  relative  humidities,  is  a  linear  function  of 
the  relative  humidity.  A  speed  of  response,  at 
room  temperature,  of  less  than  1  sec,  is  claimed. 

c.  Wexler  et  al.  Hygrometer 

In  investigating  the  possibilities  of  improving 
the  means  for  upper  air  humidity  sensing  with  the 
radiosonde,  Wexler  and  his  associates  [45]  devel¬ 
oped  a  fast  responding  hygrometer  that  uses,  as 
the  moisture  sensitive  material,  a  thin  film  of 
potassium  metaphosphate  deposited  on  an  insulat- 
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ing  base.  In  one  form  of  the  sensor,  potassium 
metaphosphate  is  vacuum  deposited  on  a  glass 
slide,  3X%X%2  in.,  that  contains  parallel  silver 
electrodes,  in.  wide,  along  the  long  edges.  The 
thickness  of  the  film  is  about  3  juin.  Figure  11 


Figure  11.  Calibration  of  the  fast  responding  potassium 
metaphosphate  film  hygrometer  developed  by  Wexler  et  al. 


shows  the  calibration  curves  of  this  sensor  for  the 
temperature  range  of  —40°  to  +40°  C.  The 
logarithm  of  the  resistance  is  approximately  linear 
with  relative  humidity  at  constant  temperature. 
The  resistances  vary  from  4X104  to  1013  ohms. 
The  manufacturing  process  is  sufficiently  well  con¬ 
trolled  so  that  elements,  made  in  the  same  or  in 
different  batches,  closely  conform  to  a  mean  cali¬ 
bration  curve.  The  standard  deviation  of  an 
individual  element  from  the  mean  calibration,  over 
the  —40°  to  40°  C  range,  is  2.9  percent  relative 
humidity.  The  average  hysteresis  is  2.7  percent 
relative  humidity.  The  polarization  effect  for 
reversed  current  loading  (1-min  cycles)  is  of  the 
order  of  0.3  percent  relative  humidity  at  -the  end 
of  2  hours;  it  is  of  the  order  of  2  percent  for  inter¬ 
mittent  direct  current  loading  (15  sec  on,  45  sec 
off).  The  speed  of  response  at  room  temperature, 
with  an  air  velocity  of  768  ft/min  parallel  to  the 
long  edge  of  the  sensor,  is  about  0.1  to  0.4  sec  for 
a  63  percent  change  in  indication;  at  —20°  C, 
with  an  air  velocity  of  800  ft/min,  it  is  about  2  to 
3  y2  sec. 

3.4.  Oxide  Film 

a.  Jason  Hygrometer 

Oxide  layers  can  be  formed  on  aluminum  by 
anodization  in  acid  electrolytes.  These  layers  can 
be  made  porous  in  which  state  they  offer  a  large 
surface  area  for  the  sorption  of  water  vapor.  As 
the  water  vapor  is  adsorbed  or  desorbed  from  the 
oxide  film,  there  is  a  corresponding  change  both 


in  its  capacitance  and  resistance.  This  phenome¬ 
non  has  been  utilized  in  the  development  of  a 
capacitance-resistance  hygrometer  [48,  49,  50,  51, 
52,  53], 

Any  method  of  anodizing  which  yields  porous 
aluminum  oxide  films  will  produce  sensitive  ele¬ 
ments;  nonporous  films  show  no  great  variation  of 
capacitance  or  resistance  with  humidity  change. 
After  formation,  aging  occurs  during  which  time 
the  capacitance  decreases  and  resistance  increases 
until  stabilization  is  attained.  Elements  formed 
in  sulfuric  acid  still  exhibit  an  appreciable  sensi¬ 
tivity  whereas  those  formed  in  other  acids  or  by 
other  processes  appear  to  have  lost  their  wide 
response  to  relative  humidity. 

Roller  [53]  was  one  of  the  first  to  propose  the 
use  of  oxide  films  on  metallic  substances  as 
humidity  sensors.  His  element  is  made  by  elec- 
trolytically  anodizing  a  plate  of  aluminum  in 
sulfuric  acid  to  form  an  oxide  film  0.0004  in.  thick. 
Gold  leaf,  4  pin.  thick,  is  placed  over  the  oxide 
film  and  electrical  leads  are  attached  to  both  the 
leaf  and  the  substrate. 

A  typical  Jason  sensor  [49]  is  made  by  degreasing 
an  aluminum  rod,  anodizing  one  end,  and  thor¬ 
oughly  washing  off  the  electrolyte.  The  untreated 
surface  is  coated  with  an  insulating  layer  which 
is  made  to  overlay  the  oxide  layer  slightly.  A  thin 
porous  conducting  material  is  deposited  over  the 
oxide  and  extended  over  the  insulation.  This 
porous  material  may  be  a  thin  film  of  a  colloidal 
suspension  of  carbon,  or  it  may  be  a  thin  film  of 
metal  chemically  or  vacuum  deposited.  Wires  are 
attached  to.  the  aluminum  rod  and  porous  con¬ 
ducting  film,  the  rod  and  film  being  the  electrodes 
of  the  element.  The  construction  is  shown  in 
detail  in  figure  12. 


Figure  12.  Construction  of  the  Jason  hygrometer. 


The  capacitance  and  resistance,  as  a  function  of 
relative  humidity,  are  shown  in  the  curves  of 
figure  13.  Cutting  et  al.  [49]  claim  that  the 
sensor  is  almost  independent  of  temperature  from 
0°  to  80°  C.  Underwood  and  Houslip  [50]  have 
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found  a  pronounced  temperature  effect.  With 
care  in  the  construction,  elements  anodized 
simultaneously  have  the  same  calibration  curve. 
At  relative  humidities  of  90  percent  or  more,  the 
response  is  slow  and  there  is  a  small  irreversible 
drift.  This  gives  rise  to  positive  hysteresis  on 
returning  to  lower  relative  humidities.  Prolonged 
exposure  to  saturation  destroys  the  sensitivity  of 
the  element.  Applied  voltages  greater  than  80 
percent  of  the  formation  voltage  cause  temporary 
breakdown  of  the  oxide.  Surface  contamination 
by  oil  or  grease  interferes  with  proper  performance. 


Figure  13.  Typical  calibration  of  a  Jason  hygrometer. 
Aluminum  oxide  film  on  aluminum  rod. 


3.5.  Ion  Exchange  Resins 

A  conventional  ion  exchange  resin  [54]  consists 
of  a  high  polymeric,  cross-linked  structure  contain¬ 
ing  as  an  integral  part  of  its  structure  polar  groups 
of  positive  or  negative  charge  (anion  and  cation 
exchangers,  respectively).  Associated  with  these 
polar  groups  are  ions  of  opposite  charge  which  are 
held  by  electrostatic  forces  to  the  fixed  polar 
groups.  One  feature  of  such  a  resin  is  that  it  is 
hydrophilic.  In  the  presence  of  water  or  water 
vapor,  the  electrostatically  held  ions  become  mo¬ 
bile,  and,  when  a  voltage  is  impressed  across  the 
resin,  the  ions  are  capable  of  electrolytic  conduc¬ 
tion.  Materials  such  as  cross-linked  phenol 
formaldehyde,  resorcinol  formaldehyde,  phenol 
furfural,  cresol  formaldehyde,  xylenolformalde- 
liyde,  divinylbenzene-polystyrene  copolymer,  and 
similar  high  polymeric  cross-linked  plastics  are 
capable  of  being  made  into  ion  exchange  resins 
by  suitable  treatment  with  a  variety  of  reagents 
including  concentrated  sulfuric  acid,  fuming  sul¬ 
furic  acid,  sulfur  trioxide  and  chlorosulfonic  acid. 


As  an  example,  polystyrene  can  be  treated  with 
sulfonic  acid  whereby  the  sulfonic  radical  is  made 
an  integral  part  of  the  structure  whereas  the 
hydrogen  ion  (anion)  is  bound  to  the  radical  by 
electrostatic  forces.  Any  cation  which  will  satisfy 
the  condition  that  the  resin  be  electrostatically 
neutral  can  take  the  place  of,  or  exchange  with,  the 
hydrogen  ion.  Hence  the  name  ion  exchange 
resin. 

a.  Pope  Hygrometer 

An  ion  exchange  resin  can  be  adapted  to 
humidity  sensing,  as  demonstrated  by  Pope  [55], 
for  it  sorbs  water  vapor  from  the  ambient  atmos¬ 
phere  and  eventually  reaches  an  equilibrium  state 
with  the  surrounding  relative  humidity.  Because 
such  a  resin  is  a  highly  porous  material,  water 
vapor  will  move  through  it  by  diffusion.  Thus,  if 
used  in  bulk  form,  an  ion  exchange  resin  would 
respond  relatively  slowly  to  changes  in  ambient 
humidity.  However,  rather  than  using  it  in  bulk 
form,  a  thin  layer  is  formed  on  the  surface  of,  and 
integral  with,  the  parent  polymer.  A  base  is 
chosen  that  is  thermally  stable  and  is  a  noncon¬ 
ductor.  The  surface  is  hygroscopic,  insoluble  in 
water,  and  electrically  conductive.  The  principal 
difference  between  the  base  and  the  surface  layer 
is  that  the  latter  contains  polar  constituents  with 
electrostatically  attached  ions  that  have  ion 
exchange  properties.  Electrodes  can  be  attached 
to  the  surface  of  the  resin  to  form  the  humidity 
sensor. 

A  typical  hygrometer  element  is  made  from  a 
rod  of  polystyrene  which  is  submerged  in  concen¬ 
trated  sulfuric  acid,  at  100°  C,  using  0.5  percent, 
by  weight,  silver  sulfate  as  a  catalyst.  The  time 
of  sulfonation  may  be  varied  from  1  to  60  min. 
depending  on  the  conductivity  desired  at  a  given 
relative  humidity.  The  greater  the  sulfonation 
time,  the  thicker  the  layer  formed,  and  the  slower 
the  speed  of  response.  After  sulfonation,  the  rod 
is  rinsed  with  water,  boiled  in  sulfuric  acid  for 
1  hour,  rinsed  again  with  distilled  water,  and  air 
dried.  Electrodes  are  added  by  painting  with 
conductive  metallic  paint.  Typical  calibration 
curves,  for  elements  made  in  this  fashion,  for  dif¬ 
ferent  sulfonation  times,  are  shown  in  figure  14. 
Figure  15  indicates  the  effect  of  temperature  on  the 
calibration. 

Among  the  interesting  characteristics  of  this 
type  of  hygrometer  are  the  following:  (a)  the 
relative  permanence  of  the  sensitive  surface  layer 
when  compared  against  films  of  electrolytic  solu¬ 
tion;  (b)  the  ability  of  the  element  to  operate  at 
temperatures  as  high  as  100°  C;  (c)  the  possibility 
of  washing  the  surface  with  water  or,  perhaps, 
steam,  if  contamination  interferes  with  the  per¬ 
formance;  and  (d)  the  control  of  resistance  range 
and  speed  of  response  by  control  of  the  sulfonation 
time,  i.  e.,  by  control  of  the  thickness  of  the  porous 
layer  of  ion  exchange  resin. 
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Figure  14.  Typical  calibration,  at  25°  C,  for  the  Pope 
hygrometer. 

Polystyrene  base  sulfonated  for  various  times. 
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Figure  15.  Effect  of  temperature  on  the  calibration  of  the 
Pope  hygrometer. 

Polystyrene  base  sulfonated  one  hour. 


4.  Volume  Resistivity  of  Porous  Solids 


4.1.  General  Theory 

In  a  manner  analogous  to  the  use  of  the  variation 
of  the  surface  resistivity  of  impervious  solid  in¬ 
sulators  with  ambient  relative  humidity,  the  varia¬ 
tions  of  the  volume  resistivity  of  some  porous 
materials  with  ambient  relative  humidity  can  be 
utilized  for  humidity  sensing.  There  are  many 
substances  that  absorb  water  vapor,  but  relatively 
few  that  do  so  with  sufficient  reversibility  and 
reproducibility  [56,  57,  58].  Highly  porous  sub¬ 
stances,  as,  for  example,  underfired  clays,  natural 
fibers,  and  textiles,  have  a  high  capacity  for  mois¬ 
ture  absorption.  Water  vapor  diffuses  and  per¬ 
meates  into  the  capillaries  and  pores  of  these 
substances,  greatly  affecting  their  volume  resistiv¬ 
ities.  Unfortunately,  the  porous  nature  of  these 
materials,  which  makes  them  so  highly  hygroscopic, 
often  contributes  undesirable  characteristics  that 
seriously  detract  from  their  usefulness  as  sensors. 
For  one,  the  time  involved  for  a  porous  material 
to  reach  equilibrium  with  any  change  in  relative 
humidity  is  often  excessively  long.  Then  too,  a 
porous  material  too  often  possesses  hysteresis  and 
drift.  In  spite  of  their  shortcomings  porous  solids 
find  some  application  as  electric  hygrometer 
elements. 

4.2.  Porous  Insulating  Materials 

The  variations  in  resistance  of  porous  materials 
with'  relative  humidity  were  first  investigated 
because  of  their  bearing  on  the  insulating  proper¬ 
ties  of  dielectrics.  Evershed  [59],  Curtis  [36], 
and  Kujirai  [60]  studied  a  large  number  of  sub¬ 
stances  and  determined  that,  in  general,  such 
materials  decreased  in  resistivity  by  many  orders 
of  magnitude  as  the  relative  humidity  increased 
from  0  to  100  percent.  Further  studies  were 


made,  not  only  on  bulk  insulating  materials  but 
also  on  textile  materials  and  individual  fibers 
[61,  62,  63,  64,  65,  66,  67],  The  application  of 
such  materials  to  electric  hygrometry  was  at¬ 
tempted  in  1921  by  Barr  [68].  He  made  a  sensor 
by  gilding  a  glass  tube,  wrapping  cotton  around 
the  tube,  then  winding  gilt  wire  over  the  cotton. 
One  model  of  this  sensor  has  a  resistance  of  850 
ohms  at  90  percent  relative  humidity  and  780,000 
ohms  at  33  percent  relative  humidity.  The 
logarithm  of  the  resistance  is  nearly  linear  with 
relative  humidity.  The  lag  is  considerable.  Par¬ 
sons  and  Laws  [69]  used  a  piece  of  leatheroid 
wound  around  a  metal  cylinder;  a  bare  metal 
wire  is  wound  over  the  leatheroid  and  the  resist¬ 
ance  between  it  and  the  metal  cylinder  is  used  as 
an  indication  of  ambient  relative  humidity. 
Burbridge  and  Alexander  [70]  devised  hygrometers 
from  both  cotton  and  human  hair.  A  layer  of 
pure  cotton  #ool,  thin  enough  to  be  semitrans¬ 
parent,  is  placed  between  two  electrodes  in  the 
form  of  a  grid,  as  shown  in  figure  16.  At  constant 
temperature,  the  logarithm  of  the  resistance  is 
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Figure  16.  Burbridge  and  Alexander  cotton-wool 

hygrometer. 
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linear  with  relative  humidity.  The  resistance 
varies  one  decade  for  each  20  percent  change  in 
relative  humidity.  The  lag  is  a  function  of  the 
thickness  of  the  layer;  for  one  design  of  sensor, 
this  is  of  the  order  of  5  to  6  min  in  air  stirred  by  a 
fan.  The  hysteresis  is  about  2  percent.  The 
hair  hygrometer  uses  hair  degreased  by  repeated 
extraction  with  alcohol.  The  logarithm  of  the 
resistance  is  nonlinear  with  relative  humidity;  the 
change  in  resistance  is  small  in  the  0  to  50  percent 
relative  humidity  range  and  greater  at  higher 
relative  humidities.  An  alternate  form  of  cotton 
sensor  was  proposed  by  Starkins  [71].  Two 
separate  lengths  of  cotton-covered  copper  bell 
wire  are  wound  on  a  porcelain  tube  to  form  a  bifilar 
coil.  The  copper  wires  act  as  electrodes  and  the 
cotton  insulation  changes  its  resistance  with 
ambient  relative  humidity. 


Both  Cleveland  [17]  and  Kersten  [72]  use  hydro¬ 
philic  gels  as  the  humidity  responsive  material. 
Typical  gels  are  gelatin,  pectin  and  agar-agar. 
Films  of  gels  are  deposited  on  a  rigid  insulator  or 
on  clear  photographic  film  containing  electrodes. 

Lichtgarn  [73,  74]  and  others  [75,  76,  77]  have 
used  underfired  clays,  sintered  ceramics,  and 
plaster  of  Paris.  These  are  highly  porous  mate¬ 
rials  that  are  able  to  absorb  relatively  large 
amounts  of  water  vapor.  They  can  be  fabricated 
in  a  diversity  of  shapes  and  forms.  An  attempt 
is  usually  made  to  devise  an  element  that  has  as 
large  a  surface  area,  for  a  given  volume,  as 
practical.  A  sintered  ceramic  block  4X3X2  mm, 
is  able  to  change  in  resistance  from  1 ,000  megohms 
to  1  megohm  for  a  relative  humidity  change  of  10 
to  95  percent  [77]. 


5.  Resistivity  of  Dimensionally-Variable  Materials 


5.1.  General  Theory 

There  is  a  class  of  electric  hygrometer  sensors 
that  depends  on  dimensional  changes  to  produce 
changes  in  resistance.  Many  materials  change  in 
length  or  volume  or  both  as  they  absorb  or  desorb 
water  vapor.  The  classic  examples  are  hah1,  vege¬ 
table  fibers,  and  wood.  These  materials  are  used 
in  hygrometry  to  actuate  mechanical  systems  that 
move  pointers  over  dials  for  indicating  relative 
humidity,  or  operate  switches  in  humidity  control 
systems.  Materials,  dimensionally-variable  with 
relative  humidity,  may  be  coated  or  impregnated 
with  conductive  substances.  The  latter  will  ex¬ 
pand  or  contract  as  the  humidity  sensitive  ma¬ 
terials  expand  or  contract.  By  the  proper  choice 
of  the  conductive  substance,  a  measurable  change 
in  resistance  is  achieved.  Consider  a  film  whose 
conductivity  depends  on  the  presence  of  discrete 
particles  of  carbon,  metal  dust,  or  other  electronic 
(as  opposed  to  ionic)  conducting  medium.  As  the 
film  expands,  the  particles  separate  and  the  resist¬ 
ance  increases;  as  the  film  contracts  the  reverse  oc¬ 
curs.  Dimensionally-variable  humidity  sensitive 
materials  expand  with  increasing  relative  humidity 
and  contract  with  decreasing  relative  humidity. 
A  particle  type  of  conducting  film  or  conducting 
impregnation  on  such  a  material  will  therefore  in¬ 
crease  in  resistance  with  increasing  relative  hu¬ 
midity  and  decrease  in  resistance  with  decreasing 
relative  humidity.  This  behavior  is  the  inverse  of 
that  observed  with  electrolytic-film  sensors, 
surface-resistivity  sensors,  or  volume-resistivity 
sensors.  Now,  in  addition  to  the  change  in 
resistance  due  to  the  dimensional  changes  in  the 
conducting  film  or  impregnation,  there  is  the  re¬ 
sistance  change  in  the  humidity  sensitive  base 
material.  Thus  the  resistance  of  this  humidity 
sensor  is  made  up  of  two  parallel  resistances.  As 
one  increases,  the  other  decreases.  Depending  on 
the  relative  magnitudes  of  these  two  resistances, 
the  measured  resistance  may  be  monotonic  with 


relative  humidity,  or  it  may  go  through  a  maxi¬ 
mum  so  that  a  single  value  of  resistance  may  cor¬ 
respond  to  either  of  two  relative  humidities. 

5.2.  Carbon  Element 

Dimensionally-dependent  resist  ance  sensors  were 
made  by  Welco  [78]  using,  for  hygroscopic  ma¬ 
terials,  hair,  cellophane,  and  paper  and  coating 
them  with  India  ink.  The  cellophane  and  paper 
elements  were  20  cm  X  1.25  cm  whereas  the  hair 
element  consisted  of  27  segments  in  parallel,  each 
2.5  cm  in  length,  degreased  by  boiling  in  ethyl 
ether.  These  sensors  had  limited  humidity  and 
resistance  ranges. 

Smith  and  Hoeflich  [79]  have  described  the 
development  of  a  carbon  film  hygrometer  element 
that,  uses  a  plastic  binder  as  the  material  that  is 
dimensionally  variable  with  relative  humidity.  A 
polystyrene  strip,  100  mm  long,  18  mm  wide,  and 
1.2  mm  thick,  serves  as  the  blank  on  which  the 
sensitive  film  is  deposited.  There  are  two  metal 
(tin)  electrodes  along  the  long  edges.  The  clear 
space  between  the  electrodes  is  11  mm.  A  mixture 
composed  of  45  percent  carbon,  32  percent  hy- 
droxyethyl  cellulose,  16  percent  polvoxy  ethylene 
sorbitol,  and  7  percent  alkyl  aryl  polyether  alcohol 
is  sprayed  on  both  sides  of  the  blank.  The  hy- 
droxyethyl  cellulose  functions  as  a  binder.  It 
changes  its  volume  with  relative  humidity  and  in 
doing  so,  alters  the  relative  positions  of  the  con¬ 
ducting  carbon  particles.  The  polyoxy  ethylene 
sorbitol  is  a  humectant  type  plasticizer  that  modi¬ 
fies  and  controls  the  sensitivity  of  the-  element. 
The  alkyl  aryl  polyether  alcohol  is  a  non-ionic  dis¬ 
persing  agent  which  is  needed  to  insure  a  uniform 
distribution  of  carbon  in  the  film. 

The  calibration  for  a  typical  carbon  film  hy¬ 
grometer  element  is  shown  in  figure  17.  The  ele¬ 
ment  has  low  sensitivity  at  low  relative  humidities. 
As  the  relative  humidity  increases  the  sensitivity 
increases.  At  relative  humidities  of  80  percent  or 
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Figure  17.  Calibration  curve  for  a  typical  carbon  film 
sensor  at  temperatures  between  0°  and  40°  C. 

above,  there  is  a  decided  tendency  for  the  calibra¬ 
tion  curve  to  have  a  “hump,”  that  is,  to  undergo  a 
reversal  so  that  for  a  range  of  resistances,  there 

6.  Temperature-Controlled 

6.1.  General  Theory 

Consider  a  saturated  salt  solution  in  a  closed 
space.  If  equilibrium  conditions  prevail,  the 
partial  pressure  of  the  water  vapor  in  the  space 
will  be  uniquely  determined  by  the  temperature,  as 
the  temperature  of  the  solution  is  increased  from 
its  freezing  point  to  its  boiling  point.  At  any  given 
temperature,  this  partial  pressure  will  be  less  than 
the  saturation  vapor  pressure  of  pure  water.  Now 
let  the  saturated  salt  solution,  at  some  given  tem¬ 
perature,  be  exposed  to  an  ambient  atmosphere 
having  a  higher  vapor  pressure  than  the  equilib¬ 
rium  vapor  pressure  of  the  saturated  salt  solution. 
Normally,  there  will  be  a  net  flow  of  vapor  from 
the  ambient  atmosphere  to  the  saturated  salt 
solution,  with  a  dilution  of  the  latter  until  the 
vapor  pressures  are  equal.  On  the  other  hand,  if 
the  temperature  of  the  saturated  salt  solution  be 
increased,  a  point  will  be  reached  where  two  vapor 
pressures  will  be  equal  whereas  the  solution  will 
remain  at  the  same  concentration.  A  measure¬ 
ment  of  this  temperature  determines  the  ambient 
vapor  pressure.  Similarly,  if  the  saturated  solu¬ 
tion,  at  some  given  temperature,  is  exposed  to  an 
ambient  atmosphere  with  lower  vapor  pressure 
than  the  equilibrium  value  of  the  saturated  salt 
solution,  the  temperature  of  the  latter  can  be 
reduced  until  the  two  vapor  pressures  are  equal, 
and  a  measurement  of  the  solution  temperature 
determines  the  vapor  pressure.  If  there  were 
some  means  for  determining  when  the  vapor  pres¬ 
sures  equalize  it  would  be  possible  to  use  the 
temperature  of  the  saturated  salt  solution  as  a 
hygrometric  indicator. 

The  conductivity  or  resistance  of  a  salt  solution 


are  two  values  of  relative  humidity  for  each  value 
of  resistance.  To  avoid  this  “hump”  requires  the 
careful  elimination  of  even  small  traces  of  ionic 
substances.  Thus,  in  making  elements  of  this 
type,  deionized  or  freshly  distilled  water  is  used, 
the  dispersing  agent  is  cleaned  by  dialysis,  and  the 
binder  is  specifically  prepared  to  be  free  of  ionic 
content. 

With  this  element,  there  is  an  average  hysteresis 
of  about  5  percent  relative  humidity,  the  hyster¬ 
esis  being  more  pronounced  at  lower  relative 
humidities.  There  is  relatively  little  polarization. 
This  is  due,  possibly,  to  the  fact  that  the  mecha¬ 
nism  oi  conduction  is  primarily  electronic  rather 
than  electrolytic.  The  speed  of  response,  at  —20° 
to  —30°  C,  for  a  90  percent  change  in  indication, 
is  about  30  to  60  sec. 

When  the  element  is  exposed  to  atmospheric  air 
over  a  period  of  time,  it  tends  to  acquire  impurities 
and  to  shift  in  calibration.  For  such  long  time 
exposures,  a  protective  moisture-permeable  en¬ 
velope  should  be  used.  There  is,  of  course,  an 
accompanying  large  increase  in  lag,  for  now  the 
moisture  has  to  diffuse  through  the  envelope. 

Saturated  Salt  Solutions 

is  a  good  indicator  of  its  concentration.  As  the 
concentration  increases  or  decreases,  the  resistance 
increases  or  decreases.  Now,  consider  a  saturated 
solution  in  which  suitable  electrodes  are  arranged 
so  that  its  resistance  may  be  measured.  If  the 
vapor  pressure  of  this  solution  is  in  equilibrium 
with  the  ambient  atmosphere,  then  the  resistance 
remains  constant;  if  the  vapor  pressure  of  the  solu¬ 
tion  is  greater  than  that  of  the  ambient  atmos¬ 
phere,  water  vapor  will  evaporate  and  the  resist¬ 
ance  will  increase;  and  conversely,  if  the  vapor 
pressure  of  the  solution  is  less  than  that  of  the 
ambient  atmosphere,  water  vapor  will  be  sorbed 
by  the  solution  with  a  corresponding  decrease  in 
resistance.  By  adjusting  the  temperature  of  the 
saturated  solution,  a  point  will  be  reached  at  which 
the  resistance  remains  constant.  The  tempera¬ 
ture  of  the  solution  is  now  a  measure  of  the  ambi¬ 
ent  vapor  pressure. 

6.2.  Dewcel 

The  temperature-controlled  saturated  solution 
principle  has  been  successfully  utilized  in  a  form 
of  hygrometer  known  as  the  “dewcel”  [80]. 
A  thermometer  bulb  (usually  of  the  resistance 
or  vapor  pressure  type)  is  surrounded  by  a  glass 
wool  wick  impregnated  with  a  saturated  solution  of 
lithium  chloride.  Two  silver  wire  electrodes  are 
wound  on  the  outside  of  the  wick  to  form  a 
bifilar  coil.  Alternating  current  is  impressed 
across  the  electrodes,  through  a  ballast  tube,  as 
shown  in  the  circuit  diagram  of  figure  18.  The 
flow  of  current  through  the  solution  generates 
enough  heat  to  raise  the  temperature  of  the  device. 
As  the  temperature  increases,  water  evaporates 
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Figure  18.  Circuit  diagram  of  the  u dewcel ”  hygrometer. 

from  the  solution,  the  resistance  increases,  the 
current  decreases,  and  the  heat  generated  by  the 
current  flow  decreases.  The  device  then  tends 
to  cool  because  of  the  decrease  in  heat  input. 
Thus,  the  application  of  current  to  the  saturated 
solution  provides  automatic  temperature  control. 
The  solution  attains  a  temperature  that  corres¬ 
ponds  to  a  constant  resistance,  which,  of  course, 
means  that  the  solution  and  ambient  vapor 
pressures  are  equal.  The  temperature,  as  mea¬ 
sured  by  the  thermometer,  can  be  indicated  or 
recorded. 

Figure  19  is  a  plot  of  the  vapor  pressure,  as  a 
function  of  temperature,  of  pure  water  and  of  a 
saturated  solution  of  lithium  chloride.  These 
curves  show  the  relation  between  the  measured 
dewcel  temperature,  the  ambient  vapor  pressure 
and  the  ambient  dewpoint.  For  example,  if  the 
equilibrium  temperature  of  the  dewcel  is  51°  C, 
then  the  ambient  vapor  pressure  is  10  mm  of 
Hg,  as  obtained  from  the  lithium  chloride  curve. 
The  dewpoint  is  read  from  the  ordinate,  by 
intersecting  the  water  curve  at  the  same  vapor 
pressure.  For  the  above  case,  the  dewpoint  is 
11°  C. 


Figure  19.  Vapor  pressure  as  a  function  of  temperature, 
for  water  and  a  saturated  solution  of  lithium  chloride. 


There  are  several  important  considerations 
regarding  the  design  and  •  use  of  the  dewcel. 
The  speed  of  response  of  the  unit  depends  pri¬ 
marily  on  the  rate  at  which  it  can  be  heated  or 
cooled.  Hence,  the  thermal  mass  must  be  small 
if  high  lags  are  to  be  avoided.  When  the  dewcel 
is  exposed  to  high  ambient  vapor  pressures,  with 
no  power  across  the  electrodes  or  after  a  power 
failure,  all  the  salt  may  dissolve  to  form  a  dilute 
solution.  The  wick  must  be  of  sufficient  ab¬ 
sorbency  to  retain  the  salt  and  to  prevent  any 
loss  from  dripping.  However,  if  there  is  a  loss 
of  salt,  it  can  be  easily  replenished  without 
disturbing  the  fundamental  calibration.  After  a 
period  of  inoperation,  and  particularly  after 
applying  fresh  solution  or  exposure  to  high 
humidity,  the  resistance  of  the  solution  may  be 
relatively  low.  On  applying  current  to  the 
electrodes,  there  may  be  a  high  enough  flow  of 
current  to  damage  the  structure.  To  avoid  this, 
a  ballast  resistor  is  used  in  the  input  circuit  as 
a  current  limiting  device.  The  dewcel  functions 
best  in  still,  or  near  still  air.  High  air  speeds, 
say  above  50  ft/min  conducts  too  much  heat 
away  from  the  device,  lowering  the  equilibrium 
temperature  and  shifting  the  calibration. 

There  is  a  limited  range  of  humidities  that  the 
dewcel  can  measure  at  any  ambient  temperature. 
This  range  in  terms  of  relative  humidity,  extends 
from  100  percent  to  the  equilibrium  value  of  the 
saturated  salt.  At  room  temperature,  the  range 
is  100  to  11  percent;  at  lower  temperatures, 
the  range  narrows  as  indicated  in  the  curve  of 
figure  20.  The  lowest  ambient  temperature,  at 
which  the  dewcel  will  operate  is,  theoretically 
the  freezing  point  of  a  saturated  solution  of  the 
salt,  that  is  —80°  C.  Actually,  the  practical 
minimum  temperature  is  about  —29°  C  (  —  20° 
F). 


Figure  20.  Minimum  relative  humidity  that  can  be 
measured  with  the  “dewceV’  at  various  ambient  tempera¬ 
tures. 
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The  dewcel  has  been  investigated  for  its  ap¬ 
plicability  to  meteorology  [81].  The  accuracy 
of  the  instrument  is  about  ±3°  F  in  dewpoint. 
The  speed  of  response  is  0.8  to  3.5  min  for  a  98 
percent  change  in  indication. 

6.3.  Wylie  Hygrometer 

A  form  of  hygrometer  has  been  proposed  by 
Wylie  [82]  which  differs  from  the  dewcel  in  that 
a  single  crystal  or  a  transparent  group  of  crystals 
is  used  on  which  a  thin  film  of  saturated  solution 
forms  rather  than  a  wick  impregnated  with  a 
saturated  salt  solution.  Further,  whereas  in 
the  dewcel  the  solution  can  be  temperature 
controlled  only  above  ambient,  in  the  Wylie 
hygrometer  there  is  provision  for  both  heating 
above  and  cooling  below  ambient. 

One  construction  of  the  hygrometer  consists  of 
a  small  isothermal  metal  enclosure,  about  1  in 
long  and  1  in.  in  diameter,  in  which  a  suitable 
ionic  crystal  is  mounted  between  two  chemically 
inert  electrodes.  The  gas  under  test  is  forced 


through  the  enclosure  after  it  has  been  brought  to 
the  enclosure  temperature  by  passing  through 
channels  cut  in  the  enclosure  or  by  passing  through 
an  attached  coil  of  metal  tubing.  The  enclosure 
is  cooled  by  passing  a  refrigerant  through  appro¬ 
priate  channels.  Compressed  carbon  dioxide  gas, 
expanding  through  a  small  needle  valve,  serves  as 
a  satisfactory  refrigerant.  An  insulated  coil  of 
resistance  wire,  wound  directly  on  the  metal  en¬ 
closure,  is  used  to  provide  heat  electrically.  The 
temperature  of  the  enclosure  is  measured  with  a 
resistance  thermometer  wound  directly  on  it  or 
with  a  directly  attached  thermocouple. 

The  conductivity  of  the  crystal  is  measured  on 
a  deflecting  type  of  instrument,  or,  by  electronic 
means,  is  made  to  control  the  heating  and  cooling 
of  the  enclosure.  Crystals  of  such  salts  as  potas¬ 
sium  sulfate  or  lithium  chloride  can  be  used.  With 
potassium  sulfate,  the  equilibrium  relative  hu¬ 
midity  at  room  temperature  is  97  percent;  with 
lithium  chloride  it  is  12  percent.  With  the  former 
salt,  cooling  is  generally  necessary  whereas  with 
the  latter,  heating  is  usually  required. 


7.  Electrolysis  of  Water 


7.1.  General  Theory 


Fh2o= partial  volume  of  water  vapor,  cm3 


Water  is  electrolyzed  into  gaseous  oxygen  and 
hydrogen  by  the  application  of  a  voltage  in  excess 
of  the  thermodynamic  decomposition  voltage  (2 
v).  The  mass  of  water  electrolyzed  is  directly 
related  to  the  electrolysis  current  by  Faraday’s 
law. 


A/h2o 

where 


It  w^H2° 
96500  Z 


(7) 


AfH2o=mass  of  water,  grams 

7=  electroWsis  current,  amperes 
1Fh2o  =  gram- — molecular  weight  of  water 
Z= valance 


f=time,  seconds. 


Cair=partial  volume  of  air,  cm3 
TFalr=gram — molecular  weight  of  air. 
The  current  flow,  during  electrolysis  is 
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Thus,  the  current  flow  is  directly  proportional  to 
the  volume  ratio  of  water  vapor  to  air  and  to  the 
mass  flow  of  air.  If  the  mass  flow  of  air  is  kept 
constant,  then  the  current  flow  is  directly  pro¬ 
portional  to  the  volume  ratio.  If  the  volume 
ratio  is  expressed  in  parts  of  water  vapor  per 
million  parts  of  air,  equation  (11)  becomes 


Consider,  now,  a  mixture  of  air  and  water  vapor 
and  let  the  water  vapor  be  electrolyzed  com¬ 
pletely.  From  the  perfect  gas  laws  and  Amagat’s 
law  of  partial  volumes,  it  follows  that 


Th2o  A7h2ox/  walr 

Fair  Afalr  XIFh2o 

(8) 

,  ,  I  h2o  TFh9o  „  , 

A/H  o  t-7-  X  t rr  XAfa|r 

1  air  Hair 

(9) 

where 

A/alr=mass  of  air,  grams 


7=0.00666  ppmX-y^-  (12) 

7.2.  Keidel  Hygrometer 

Keidel  [86]  has  described  a  hygrometer  that 
operates  by  electrolyzing,  continuously  and  quan¬ 
titatively,  the  water  vapor  content  of  a  water 
vapor-gas  mixture.  Figure  21  is  a  flow  diagram 
of  the  instrument.  A  sample  of  water  vapor  and 
air  enters  the  instrument,  under  pressure,  and 
is  divided  into  two  parts.  A  constant  mass  flow 
of  dry  air  is  maintained  in  the  electrolytic  cell 
while  the  remainder  of  the  sample  is  by-passed, 
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Figure  21.  Flow  diagram  of  the  electrolysis  hygrometer. 


through  a  flowmeter,  and  exhausted  at  the  outlet. 
The  part  of  the  sample  that  passes  through  the 
cell,  then  flows,  in  turn,  through  a  pressure  reg¬ 
ulator,  an  adjustable  restrictor,  a  flowmeter  and 
finally  exhausts  at  the  outlet.  The  flow  through 
the  sample  flowmeter  is  adjusted  to  100  cm3/min 
at  a  pressure  of  760  mm  of  Hg  and  a  temperature 
of  25°  C.  Under  these  conditions,  the  electrolysis 
current  is  13.2  ^a/ppm. 

The  electrolysis  cell  is  a  Teflon  tube,  the  inside 
of  which  is  coated  with  a  thin,  viscous  film  of 


partially  hydrated  phosphorous  pentoxide.  Two 
platinum  wire  electrodes  are  spirally  wound  on 
the  inside  of  the  Teflon  tube  in  contact  with  the 
film.  The  film  absorbs  the  water  vapor  from 
the  sample  gas.  The  application  of  a  d-c  potential 
across  the  electrodes  electrolyzes  the  water  and 
the  resultant  current  is  measured  on  a  microam¬ 
meter,  or,  if  desired,  recorded. 

This  instrument  has  full  scale  ranges  of  10  to 
1,000  ppm.  It  is  claimed  that  the  accuracy  is  5 
percent  of  the  indication  from  1  to  1,000  ppm. 
If  the  efficiency  of  electrolysis  is  100  percent,  then 
the  accuracy  is  limited  by  the  constancy  of  the 
mass  flow  of  the  air  and  performance  of  the  elec¬ 
trical  components.  The  speed  of  response,  for  a 
63  percent  change  in  indication,  is  about  1  min. 
in  the  increasing  humidity  direction  and  about  2 
min  in  the  decreasing  direction.  The  response 
time  varies  with  water  vapor  concentration,  ap¬ 
plied  cell  voltage,  and  film  thickness. 

Because  the  sample  flow  through  the  cell  is 
controlled  on  a  volumetric  rather  than  a  mass 
basis,  and  measured  on  a  rotameter,  there  is  a 
temperature  effect.  If  the  instrument  is  used  at 
other  than  its  design  temperature,  the  correction 
is  0.3  percent  per  °  C. 


8.  Measuring  Circuits 


There  are  several  simple  circuits  that  are  com¬ 
monly  used  to  measure  the  resistance  of  the 
sensor,  or,  a  related  parameter,  such  as  current. 
The  output  of  the  circuit  is  displayed  on  a  meter 
or  a  recorder,  sometimes  in  the  measured  variable, 
but  more  often  in  units  of  relative  humidity. 

The  d-c  ohmmeter  and  the  d-c  Wheatstone 
bridge  are  two  standard  circuits  for  measuring 
resistance.  They  are  not,  however,  well  suited 
to  electric  hygrometry,  for  a  preponderance  of 
the  better  sensors  are  wholly  or  partly  ionic  con¬ 
ductors  and  so  are  subject  to  polarization.  With 
d-c  circuitry,  even  with  small  impressed  voltages 
on  the  sensor,  there  is  a  significant  error  due  to 
polarization.  Except  in  specialized  applications, 
d-c  circuitry  is  to  be  avoided.  The  outstanding 
exception  is  the  radiosonde  where  pulsating  d-c 
is  applied  to  the  sensor.  Because  a  radiosonde 
flight  normally  is  of  no  more  than  2  hours  duration, 
the  amount  of  polarization  that  occurs  in  this 
time  can  be  tolerated. 

Figure  22  is  a  diagram  of  a  typical  a-c  circuit  [14]. 
The  transformer  reduces  the  110  input  voltage  to  a 
desired  lower  value,  sometimes  to  100  v  although 
it  may  be  much  lower.  The  limiting  resistor  pre¬ 
vents  the  current  through  the  sensor  from  exceed¬ 
ing  a  maximum  value.  With  Dunmore  sensors, 
the  current  is  limited,  preferably,  to  100 
The  lower  the  maximum  current,  the  greater  the 
life  of  the  sensor.  A  rectifier  converts  the  alter¬ 
nating  current  to  direct  current  so  that  it  can  be 
measured  on  a  d-c  microammeter.  Alternatively, 
or  in  addition,  a  dropping  resistor  can  be  used  in 
the  d-c  part  of  the  circuit  and  the  voltage  drop 


TO  RECORDINS  DIRECT  CURRENT 


Figure  22.  Alternating  current  measuring  circuit. 


across  it  recorded  on  a  strip  chart  potentiometer. 
With  this  circuit,  there  is  a  loss  in  sensitivity  at 
both  low  and  high  resistances.  A  typical  sensor 
calibration  curve,  in  terms  of  indicated  current, 
is  shown  in  figure  23.  Dunmore  elements  are 
often  used  in  sets  of  eight,  each  covering  a  relative 
humidity  span  of  about  16  percent,  the  set  covering 
about  7  to  98  percent.  The  salt  solution  concen¬ 
tration  of  each  element  is  so  chosen  that  the  same 
resistance  range  is  encompassed  by  each  element  for 
its  limited  relative  humidity  span.  Thus,  the 
calibrations,  with  the  same  circuit,  will  appear  as 
parallel  displaced  curves  of  the  same  shape  as  in 
figure  23. 

It  is  occasionally  advantageous  to  make  the 
entire  relative  humidity  range  correspond  to  the 
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Figure  23.  Typical  calibration  of  a  limited  range  Dunmore 
sensor  when  used  with  the  a-c  measuring  circuit  of  figure  22. 

range  of  the  indicating  and  recording  instrument. 
Dunmore  [14]  has  described  an  arrangement  of 
sensors  and  resistors,  as  shown  in  figure  24,  which 
accomplishes  this.  A  set  of  five  sensors,  with 
appropriate  resistors,  will  produce  a  calibration 


SENSORS 


Figure  24.  Arrangement  of  limited  range  sensors  and 
resistors  to  cover  full  relative  humidity  range. 

carve,  in  terms  of  resistance  versus  relative  humid¬ 
ity,  of  the  type  shown  in  figure  25.  At  high  rela¬ 
tive  humidities  the  resistance  of  sensors  B,  C,  D, 
and  E  are  very  low,  but  resistors  R2,  R3,  R4,  and 
R5  prevent  any  significant  current  flow:  sensor  A 
and  resistor  Rx  control.  At  low  relative  humid¬ 
ities  the  resistances  of  sensors  A,  B,  C,  and  D  are 
sufficiently  high  so  that  sensor  E,  in  combination 
with  resistors  Rj,  R2,  R3,  R4,  and  R5  control.  At 
intermediate  relative  humidities,  sensors  B,  C,  and 
D  control  in  a  like  manner. 

A  standard  a-c  Wheatstone  bridge  circuit  can 
be  employed  for  the  measurement  of  sensor  resist¬ 
ance.  Weaver  [6]  has  used  several  different  vari¬ 
ants  of  the  a-c  bridge  with  his  sensor.  For 
extremely  high  resistances,  say  106  ohms  and 
greater,  simple  a-c  circuits,  such  as  that  of  figure 


Figure  25.  Typical  calibration  curve  at  24°  C  of  five 
limited  range  Dunmore  elements  arranged  as  shown  in 
figure  24. 

22,  are  unsuitable  because  the  sensor  capacitance 
becomes  the  controlling  factor,  limiting  the  upper 
value  of  the  resistance  that  can  be  measured.  The 
standard  d-c  circuits  are  often  unsuitable  too 
because  the  high  voltage  required  to  give  a 
measurable  current  flow  results  in  polarization. 
In  addition,  to  cover  the  many  decades  of  resist¬ 
ance  of  some  sensors  a  range  switch  is  necessary. 
Garfinkel  [83]  has  devised  an  interesting  electrom¬ 
eter  circuit,  figure  26,  which  impresses  about  1.25 

rl 


Figure  26.  Garfinkel  electrometer  circuit. 

Ri  and  R2  are  precision  resistors  used  for  calibration.  Rf  and/or  Rr  are 
used  to  adjust  or  compensate  for  changes  or  drifts  in  calibration.  Rx  is  the 
unknown  (electric  hygrometer  sensor).  Rs  and  Rb  are  adjusted  so  that  the 
full  range  of  the  recorder  corresponds  to  the  full  range  of  Rx, 

v  on  the  sensor,  limits  the  current  flow  to  about 
100  pa,,  and  yields  an  output  that  is  proportional 
to  the  logarithm  of  the  sensor  resistance.  Thus, 
eight  decades  of  resistance  can  be  indicated  on  the 
scale  of  an  output  meter  or  recorder  without  range 
switching.  There  is  also  a  provision  for  adjusting 
the  zero  and  range. 

There  are  other  circuits  and  schemes  that  may 
be  used  with  electric  hygrometer  sensors,  but  the 
above  ones  indicate  some  of  the  main  types. 
Because  sensors  usually  have  a  temperature  co¬ 
efficient,  circuits  have  been  designed  to  auto¬ 
matically  correct  or  compensate  for  this  [84,  85]. 


737/18 


9.  Discussion 


There  are  certain  advantageous  features  in  the 
use  of  electric  hygrometry  in  meteorology.  The 
sensor  is  small  and  relatively  inexpensive,  although 
the  cost  of  the  measuring  circuit  may  not  neces¬ 
sarily  be  low.  The  indications  are  in  terms  of 
electrical  quantities  so  that  remote  indicating  or 
recording  is  feasible.  On  the  other  hand,  except 
for  the  temperature-controlled  saturated  solution 
and  water  electrolysis  types,  the  electric  hygrom¬ 
eter  is  an  empirical  device  that  requires  a  cali¬ 
bration.  Furthermore,  it  usually  has  an  appre¬ 
ciable  temperature  coefficient  so  that  the  calibra¬ 
tion  must  cover  a  range  of  temperatures  and, 
with  each  measurement  with  the  hygrometer, 
there  must  be  a  temperature  measurement.  To  a 
limited  extent,  the  hygrometer  circuit  can  be 
designed  to  compensate  for  temperature,  obviating 
the  necessity  of  a  direct  temperature  measure¬ 
ment. 

Several  other  factors  influence  the  performance 
of  the  electric  hygrometer.  Polarization  intro¬ 
duces  an  error,  but  this  can  be  avoided  by  the 
use  of  a-c  circuitry.  Exposure  to  saturated  air, 
fog  or  clouds,  or  wetting  as  by  rain,  is  usually 
deleterious  to  a  sensor.  Contamination  of  the 
sensitive  surface,  especially  by  ionizable  materials, 
will  shift  the  calibration  if  not  ruin  the  sensor. 

These  are  some  of  the  gross  characteristics  of 
the  electric  hygrometer  that  must  be  assessed  for 
a  given  application.  Within  its  limitations,  the 
electric  hygrometer  is  an  extremely  useful  instru¬ 
ment. 

Among  the  various  sensors,  there  are  relative 
advantages  and  disadvantages.  The  Weaver 
water  vapor  indicator,  for  example,  is  an  excellent 
instrument  for  measuring  very  low  humidities,  but 
is  not  too  well  suited  to  continuous  recording. 
It  is  best  used  in  situations  where  discrete  measure¬ 
ments  are  to  be  made.  It  requires  an  operator. 
Those  sensors  that  use  an  aqueous  solution,  with¬ 
out  binder,  on  an  impervious  surface  are  inherently 
faster  in  response  than  the  binder  type  or  the 
impregnated  fiber,  fabric,  or  ceramic.  When 
high  speed  of  response  is  required,  the  former 
sensors  are  the  logical  choice  of  the  electrolytic 
solution  class.  However,  the  stability  and  life 


of  the  former  may  be  expected  to  be  less  than  the 
latter. 

Of  all  the  sensors,  those  that  depend  on  surface 
adsorption  will  probably  have  the  fastest  response. 
The  dry  so  It  films  appear  to  be  best  in  this  regard. 
They  have  one  major  limitation.  It  is  their  high 
resistance.  To  measure  the  high  resistances 
requires  special  circuitry  and  handling.  The 
oxide  film  sensor,  as  in  the  Jason  hygrometer,  has 
a  more  reasonable  resistance  range,  but  it  has 
such  drawbacks  as  an  upper  relative  humidity 
limit,  hysteresis,  and  loss  of  sensitivity  after 
extended  exposure  to  high  humidity. 

Sensors  whose  function  is  based  on  volume  re¬ 
sistivity  tend  to  be  very  sluggish  in  response,  to 
exhibit  hysteresis  and  drift.  They  can  usually  be 
made  to  have  any  desired  resistance  range. 

The  carbon  element  is  difficult  to  make  without 
a  high  relative  humidity  “hump”.  Because  it 
conducts  electronically,  rather  than  ionically,  it  is 
free  of  polarization.  It  appears  to  be  faster  in 
response  than  the  lithium  chloride  hygrometer 
and  to  have  less  of  a  temperature  coefficient. 

With  all  these  sensors,  the  performance  at  low 
temperatures  is  related  to  the  lag.  With  de¬ 
creasing  temperature,  the  lag  increases  exponen¬ 
tially.  Sensors  which  will  adequately  respond  at 
normal  temperatures  may  become  so  sluggish  at 
low  temperatures  that  their  indications  have 
little  value.  Elements  through  which  water 
vapor  diffuses,  must  be  made  very  thin  in  cross 
section  to  reduce  their  inherently  high  lag;  even 
then,  the  speed  of  response  may  be  too  slow  for 
these  elements  to  be  of  practical  value  in  mete¬ 
orology.  Surface  resistivity  sensors  have  an 
obvious  advantage  here,  for  they  depend  on  sur¬ 
face  adsorption  rather  than  volume  adsorption 
and  diffusion.  They,  too,  slow  down  at  low 
temperatures,  probably  because  there  is  some 
volume  adsorption  accompanying  the  surface 
adsorption. 

The  hygrometers  using  a  temperature  controlled 
saturated  salt  solution  or  a  water  electrolysis  cell 
are  based  on  quantitative  laws.  The  latter  is 
capable  of  measuring  very  low  moisture  contents 
and  so  may  be  adaptable  to  upper  air  or  arctic 
meteorology. 
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Humidity  Standards* 


Arnold  Wexler 


This  paper  describes  and  discusses  instruments  which  may 
serve  as  primary  and  secondary  humidity  standards,  including  a 
gravimetric  hygrometer,  now  under  development  at  the  National  Bureau 
of  Standards,  to  serve  as  its  basic  reference  for  humidity  measurements. 
The  use  of  precision  humidity  generators  for  producing  atmospheres  of 
known  humidity  is  outlined.  Methods  and  techniques  of  obtaining  fixed 
humidity  points  are  given. 

1.  Introduction 

A  variety  of  instruments  are  used  in  the  measurement  of  the 
moisture  content  of  gas.  Many  of  these  are  purely  empirical  and  require 
testing  and  calibration.  Some  instruments  have  a  theoretical  basis. 

Even  these  sometimes  require  calibration  for  the  highest  accuracy. 

Then,  too,  instruments  operating  on  different  principles,  and, 
occasionally,  instruments  operating  on  the  same  principle,  will  yield 
divergent  results.  A  method  of  test  or  calibration,  or  a  standard 
against  which  other  instruments  may  be  compared,  is  necessary  if 
consistent  and  accurate  measurements  of  humidity  are  to  be  made. 

The  testing  and  calibration  of  hygrometers  may  be  approached 
in  either  of  two  ways.  An  instrument  or  method  that  has  a  firm 
theoretical  basis  and  is  capable  of  giving  highly  accurate  and  reproduci¬ 
ble  absolute  measures  of  the  moisture  content  of  gas  may  be  chosen  as 
a  standard..  Hygrometers  may  then  be  calibrated  by  direct  comparison 
with  the  standard  when  simultaneously  exposed  to  various  humidities. 
Alternately,  atmospheres  of  known  humidity  may  be  produced  and  con¬ 
trolled.  Hygrometers  may  then  be  exposed  to  the  known  atmospheres, 
or,  the  gas  of  known  humidity  may  be  fed  to  the  instruments  under  test. 

2.  Hygrometer  Standards 
2.  1  Primary  Standard 

The  gravimetric  method  of  water  vapor  measurement  is  gener- 
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ally  considered  the  most  precise  and  accurate  in  hygrometry.  In  this 
method,  the  mass  of  water  vapor  admixed  with  a  volume  of  gas  is 
absorbed  by  a  desiccant  and  then  the  volume  of  the  dry  gas  is  measured 
directly.  Since  these  quantities  are  fundamental,  this  method  yields  an 
absolute  measure  of  the  humidity.  Because  of  this,  and  its  relatively 
great  inherent  accuracy,  the  gravimetric  method  is  often  used  as  a 
primary  standard  against  which  other  methods  and  instruments  are 
-compared.  However,  to  achieve  the  inherent  accuracy  of  the  gravi¬ 
metric  method  there  must  be  careful  attention  to  details.  Measurements 
are  time  consuming,  especially  those  involving  low  moisture  contents. 
The  results  are  average  values.  Hence  it  is  usually  necessary,  when 
calibrating  other  instruments  against  the  gravimetric  method  to  employ 
a  humidity  generator  that  produces  air  of  constant  humidity.  This 
method  is  principally  used  for  research  work  of  the  highest  accuracy  or 
for  making  fundamental  calibrations. 

The  gravimetric  method  has  a  long  and  well  established  history 
of  use.  In  1845,  Regnault  ^  employed  it  to  determine  the  density  and 
vapor  pressure  of  saturated  water  vapor  in  air.  Subsequently,  in  1888, 
Shaw^  J  repeated  some  of  Regnault 's  work  as  part  of  an  extensive  in¬ 
vestigation  on  the  hygrometric  methods  in  use  at  that  time.  Awberry  J 
utilized  it  to  measure  the  water  content  of  saturated  air  at  elevated 
temperatures  while  Awberry  and  Griffiths^]  used  it  as  a  standard  for 
low  temperature  calibrations.  Bartlett^  and  Saddington  and  Krase 
measured  the  water  content  of  gases  saturated  at  high  pressures  with 
the  gravimetric  method  while  Goff  et  al.  8J  utilized  it  to  determine  the 
interaction  constant  of  moist  air.  Walker  and  Ernstf91  and  Wexler^^J 
have  utilized  this  method  for  calibrating  and  checking  the  accuracy  of 
precision  humidity  generators.  It  has  also  been  used  extensively  in 
investigations  of  the  vapor  pressures  of  liquids  and  solutions,  partic¬ 
ularly  salt  solutions  t  ^  ^ 

An  experimental  set-up  for  making  a  moisture  determination 
with  the  gravimetric  method  is  shown  in  figure  1.  Gas  of  constant 
water  vapor  content  is  issued  from  a  humidity  generator  and  a  sample 
withdrawn  through  an  absorption  train,  saturator  and  laboratory  wet 
gas  meter,  etc.  The  moisture  is  absorbed  by  the  train  of  U-tubes.  The 
first  U-tube  removes  all,  or  nearly  all,  of  the  water.  If  the  absorbent 
In  the  first  U-tube  is  near  exhaustion  or  if  the  gas  flow  is  too  rapid  some 
moisture  may  remain  in  the  effluent  gas.  The  second  tube  will  remove 
the  amount  that  is  still  left.  The  third  U-tube  serves  as  a  guard  to  pre¬ 
vent  water  vapor  from  diffusing  back  from  the  saturator  or  gas  meter. 
The  first  two  tubes  are  weighed  before  and  after  a  run  to  give  the  mass 
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of  water  vapor  removed  from  the  air.  The  volume  of  dry  gas  emerging 
from  the  absorption  train  is  measured  by  a  laboratory  wet  gas  meter. 
The  gas  meter,  however,  saturates  the  gas  that  flows  through,  so  that 
the  indicated  volume  is  that  of  moist  air.  To  insure  that  the  gas  is 

completely  saturated  before  entering  the  gas  meter  so  that  no  changes 
in  water  level  will  occur  due  to  evaporation,  a  saturator  is  inserted 
immediately  upstream  of  the  gas  meter.  This  saturator  may  be  a 
container  or,  preferably  a  series  of  containers,  filled  with  water- 
washed  gravel  or  pumice  that  is  moistened  with  water.  Since  the  gas 
meter  measures  the  volume  of  saturated  gas  the  indicated  volume  must 
be  corrected  to  give  the  volume  of  dry  gas  associated  with  the  absorbed 
water  vapor.  The  mass  of  dry  gas  is  obtained  by  multiplying  the  volume 
by  the  density. 

The  absolute  humidity,  r,  in  terms  of  mass  of  water  vapor /unit 
mass  of  dry  gas,  is  given  by 

M 

w 

- - - -  >  (1) 

V  x  c  x  (  P  )  (  P-es) 
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=  mass  of  water  vapor  absorbed  in  the  first  two  U-tubes,  g 
=  indicated  gas  meter  volume,  cm^ 

=  calibration  factor  for  gas  meter  (a  function  of  rate  of  flow) 
=  density  of  dry  gas  at  standard  pressure  and  temperature 
(760  mm  Hg  and  0°C) 

=  temperature  of  the  gas  in  the  gas  meter,  C 
=  absolute  pressure  of  the  gas  in  the  gas  meter,  mm  Hg 
=  saturation  vapor  pressure  at  temperature  t,  mm  Hg 

procedure  in  making  a  run  is  as  follows:  The  test  gas  is 
drawn  through  the  absorption  train,  saturator,  gas  meter  and  flowmeter. 
The  rate  of  flow  is  adjusted  and  controlled  at  a  constant  value  by  the 
vacuum  control  valve.  After  a  predetermined  volume  of  test  gas  has 
been  sampled,  the  control  valve  is  closed,  the  absorption  tubes  sealed 
and  the  change  in  weight  of  U-tubes  Nos.  1  and  2  is  determined. 

Although  this  procedure  appears  to  be  simple,  certain  pre¬ 
cautions  should  be  observed  to  reduce  and  eliminate  sources  of  error. 

A  constant  rate  of  flow  should  be  maintained  through  the  system.  The 
wet  gas  meter  is  flow-dependent  so  that  the  calibration  constant  (c  in 
eq  (1))  will  depend  on  the  flow.  The  rate  of  flow  should  be  kept  low, 
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preferably  below  one  1pm,  if  complete  absorption  of  the  water  vapor 
from  the  sample  gas  is  to  be  assured.  U-tube  No.  1  is  filled  with 
anhydrous  magnesium  perchlorate,  Mg(C10^)2,  while  No.  2  and  No.  3 
are  filled  with  phosphorous  pentoxide,  P2O5.  Anhydrous  magnesium 
perchlorate  is  a  granular  material  with  an  excellent  drying  efficiency1  *  , 

and  is  easy  to  handle,  while  phosphorous  pentoxide,  which  has  the 
greatest  known  drying  efficiency!^]  ,  is  a  powder  that  readily  deliquesces 
and  must  be  handled  with  care.  In  filling  the  absorption  tubes,  the 
desiccant  should  be  packed  loosely  so  that  no  appreciable  pressure 
drop  is  introduced.  Furthermore,  it  is  desirable  to  insert  glass  wool 
plugs  at  intervals  between  the  desiccant  to  avoid  channeling  of  the  gas 
on  passage  through  the  tubes.  It  is  well  to  remember  that  the  maximum 
permissible  pressure  drop  across  a  wet  gas  meter  is  about  0.  3-in. 
water.  A  greater  pressure  differential  may  blow  the  water  seal  in 
the  meter,  causing  gas  to  by-pass  the  measuring  compartments.  Further¬ 
more,  the  typical  gas  meter  is  a  low  pressure  device,  built  for  opera¬ 
tion  at  a  differential  of  a  few  inches  of  water  pressure  with  respect  to 
ambient  pressure.  Excessive  pressures  may  distort  the  case,  cause 
the  shaft  stuffing  box  to  leak,  and  produce  a  bind  on  the  drum  thereby 
affecting  the  meter  accuracy.  The  gas  meter  must  be  carefully 
leveled,  the  water  level  properly  jidjusted,  and  only  integral  revolutions 
used  as  a  measure  of  the  volume!-  . 


In  making  precision  weighings  of  the  absorption  tubes  such 
factors  as  buoyancy,  change  in  weight  of  the  internal  gas  volume,  change 
in  external  surface  conditions,  static  charge,  and  thermal  gradient 
within  the  balance  case  contribute  errors  that  may  be  easily  overlooked. 
The  use  of  an  identical  dummy  absorption  tube  as  a  tare  will  tend  to 
compensate  for  buoyancy.  If  this  tare  is  treated  and  handled  in  a 
similar  fashion  as  the  tubes  in  the  absorption  train,  then  some  of  the 
other  errors  may  be  reduced.  The  internal  pressure  within  the  tare 
is  adjusted  to  that  within  the  test  absorption  tube  by  momentarily 
opening  it  at  the  same  time  that  the  latter  is  being  sealed  for  weighing. 
The  tare  and  main  tube  should  never  be  handled  with  bare  hands,  for 
moisture  and  oil  from  the  hands  will  affect  the  weight.  Both  may  be 
wiped  with  a  damp  cloth  to  remove  static  charge  prior  to  insertion  into 
the  balance  case.  One  technique  for  insuring  that  the  balance  pans  do 
not  accumulate  static  charge  is  to  keep  an  ionizing  source  (e.  g.  ,  a 
radioactive  salt)  within  the  case.  Furthermore,  the  balance  should  be 
in  a  room  that  is  maintained  at  a  fairly  constant  temperature  and  where 
there  are  no  sources  of  heat  radiation  that  could  induce  temperature 
gradients,  and  hence  convection  currents,  within  the  case.  The  relative 
humidity  within  the  balance  case  should  be  constant,  for  changes  in 
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humidity  may  shift  the  balance  rest  point. 

It  is  important  that  no  hygroscopic  materials  be  used  in  the 
experimental  set-up  other  than  the  drying  agents  in  the  absorption 
train.  Rubber  and  some  plastics,  for  example,  are  sufficiently 
hygroscopic  as  to  act  as  moisture  sources  and  sinks.  For  this  reason, 
tubing  and  stoppers  fabricated  from  such  materials  must  not  be  used. 

The  set-up  should  be  made  from  glass  or  glass  and  metal.  Seals,  such 
as  on  the  absorption  tubes,  are  achieved  with  ground  glass  stopcocks. 
Pneumatic  connections  between  components  may  be  made  through 
mercury  seals  or  "0"  ring  seals.  Every  effort  must  be  made  to  elimi¬ 
nate  the  possibility  of  error  from  moisture  sources  or  sinks. 

A  typical  absorption  tube  weighs  about  70  g.  The  duration  of 
a  gravimetric  determination  can  be  adjusted  so  that  at  least  0.  2  g  of  water 
is  absorbed.  An  analytical  balance,  with  a  capacity  of  200  g  and  a 
sensitivity  of  0.  1  mg  will  weigh  the  absorbed  water  vapor  with  sensi¬ 
tivity  of  1/2000.  Assuming  that  all  precautions  with  regard  to  buoyancy, 
etc.  have  been  taken,  an  accuracy  in  weighing  of  1/1000  may  be  expected. 
If  more  water  is  absorbed  greater  accuracy  may  be  obtained. 

The  accuracy  of  measurement  of  volume  with  the  gas  meter  is 
limited  at  best  to  1/500^^*303^  The  pressure  measurement  can  be 
made  with  an  accuracy  of  at  least  1  mm  Hg  and  the  temperature  measure¬ 
ment  can  be  made  to  better  than  0.  1°C.  Thus  these  two  measurements 
will  be  better  than  about  1/760. 

It  is  apparent  that  the  overall  accuracy  is  limited  by  the  volume 
measurement.  If  greater  overall  accuracy  is  required  a  water  aspir¬ 
ator  can  be  substituted  for  the  gas  meter.  A  further  refinement  would 
be  to  use  an  oil  aspirator.  If  an  oil  with  negligible  vapor  pressure  is 
chosen  (say,  butyl  phthalate)  then  the  saturator  may  be  eliminated  too. 

In  that  case,  eq  (1)  becomes 
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The  National  Bureau  of  Standards  has  developed  a  gravimetric 
hygrometer  to  serve  as  its  primary  standard  for  humidity  measure¬ 
ment.  Figure  2  is  a  block  diagram  and  figure  3  is  a  flow  diagram  of 
this  hygrometer.  It  consists  of  a  solid  desiccant  absorption  train 
(main  drying  train),  a  gas  volume  measuring  system,  a  vacuum  pump, 
temperature  and  pressure  measuring  instruments,  and  suitable  valves 
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and  control.  The  test  gas  is  continuously  withdrawn  at  a  nominally 
constant  flow  rate  from  a  humidity  generator,  passes  through  the  main 
drying  train  and  gas  volume  measuring  system  and  discharges  added 
to  the  vacuum  pump.  The  gas  volume  measuring  system  comprises  two 
calibrated  stainless  steel  cylinders,  each  with  a  nominal  internal 
capacity  of  30  1,  immersed  in  a  thermostatted  oil  bath.  Through  the 
proper  sequencing  of  the  on-off  position  of  valves  attached  to  the  inlet 
and  exit  ports  of  the  cylinders,  by  means  of  a  pressure  switch  and  valve 
sequencing  and  control  circuit,  each  cylinder  is  alternately  evacuated 
and  filled  with  the  test  gas  to  a  predetermined  pressure.  The  internal 
capacity  of  each  cylinder,  together  with  the  pressure  and  temperature 
of  the  gas  therein,  provide  a  highly  accurate  measure  of  the  gas 
volume.  The  total  gas  volume  is  the  sum  of  the  individual  fillings 
of  each  cylinder. 

The  gravimetric  method  yields  a  measure  of  the  humidity  in 
terms  of  mixing  ratio.  Two  fundamental  quantities  are  determined 
directly:  The  mass  of  water  vapor  and  the  volume  of  dry  gas.  The 
latter,  through  the  known  density  of  the  test  gas,  is  converted  into 
mass  of  gas.  Thus,  the  value  of  the  moisture  content  of  the  gas  has 
been  obtained  in  terms  of  an  absolute  definition  by  direct  measurement. 
By  recourse  to  the  laws  of  gaseous  behavior  it  is  possible  to  convert 
from  mixing  ratio  to  such  terms  as  vapor  pressure,  specific  humidity, 
relative  humidity  or  saturation  deficit.  However,  the  accuracy  with 
which  the  humidity  can  be  expressed  in  units  or  terms  derived  from 
the  mixing  ratio  is  limited  by  the  degree  of  validity  of  the  laws  of 
gaseous  behavior  and  vapor  pressure.  The  accuracy  with  which  the 
mixing  ratio  can  be  determined  directly  is  limited  only  by  the  accuracy 
of  the  measurement  of  fundamental  quantities. 

With  the  Bureau's  gravimetric  hygrometer,  an  attempt  is  being 
made  to  measure  the  various  parameters  that  determine  the  mixing 
ratio  with  an  accuracy  of  1/10,  000  with  the  expectation  that  the  mixing 
ratio  itself  will  thus  be  known  to  1/1000. 

2.  2  Secondary  Standards 

The  time,  work,  painstaking  care,  and  skilled  personnel  re¬ 
quired  for  setting  up  and  using  the  gravimetric  method  preclude  its 
general  use  except  for  fundamental  calibration  work.  There  is  a  need, 
therefore,  for  one  or  more  types  of  instruments  that  could  serve  as 
secondary  or  working  standards.  The  secondary  standard  is  one  which 
can  be  calibrated  against  the  primary  standard  and  then,  in  turn,  used 
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for  routine  calibrations.  It  would  appear  that  to  be  acceptable  as  a 
secondary  standard  an  instrument  should  directly  measure  the  humidity 
of  the  air  in  terms  of  fundamental  quantities,  or  should  have  a  firm 
theoretical  basis  for  its  operation  so  that  its  indication  can  be  related 
to  the  humidity  through  known  physical  laws.  It  is  intended,  at  the 
National  Bureau  of  Standards,  to  investigate  for  possible  use  as 
secondary  standards  such  instruments  as  the  dewpoint  hygrometer,  the 
microwave  hygrometer,  and  the  psychrometer. 

3.  Precision  Humidity  Generators 

Several  convenient  and  practical  methods  are  available  for 
producing  atmospheres  of  known  humidity  with  sufficient  precision  and 
accuracy  that  the  use  of  auxiliary  hygrometers  for  direct  measurement 
is  not  required.  Equipment  incorporating  these  methods  may  be  called 
precision  humidity  generators. 

3.  1  Pressure  Humidity  Apparatus 

In  this  type  of  apparatus,  a  stream  of  air  at  an  elevated  pressure 
is  saturated  and  the  pressure  of  the  saturated  air  is  reduced  as  re¬ 
quired  to  give  any  desired  humidity.  If  the  temperature  is  held  constant 
during  saturation  and  after  expansion,  and  the  perfect  gas  laws  are 
obeyed,  then  the  percentage  relative  humidity,  RH,  at  the  lower  pressure, 
P^_,  is  the  ratio  of  the  absolute  values  of  the  lower  pressure,  P^,  to 

the  higher  pressure,  P  ,  that  is, 
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RH  = -  x  100.  (3) 
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Water  vapor-air  mixtures  depart  from  ideal  gas  behavior. 
Furthermore,  air,  when  saturated  with  water  vapor  at  high  pressure,  ^ 
does  not  hold  the  same  amount  of  moisture  as  at  atmospheric  pressure 
Equation  (3),  therefore,  does  not  strictly  define  the  relative  humidity, 
particularly  at  high  values  of  P  .  Weaver^^»  33]  has  shown  that  an 
empirical  equation  of  the  form 

P.  2 

RH  =  100  x _  (!  ~Kpt  +  K'pt  ) _ 

P  (1  -KPQ  +  K'P  4) 
s  s  s 

more  closely  yields  the  true  relative  humidity  where  the  constant  K  has 
a  value  of  1.  9  x  10~^  and  K’  is  equal  to  1.  4  x  10-®  when  the  pressure  is 
expressed  in  pounds  per  square  inch.  The  magnitude  of  the  ratio 
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Z  2 

(I  -KPt  +  KlPt  )  /  (1  -KPg  +  K'PS  )  does  not  differ  from  unity  by  more 
than  1/4  of  I  percent  when  is  at  atmospheric  pressure  and  P  is  no 
greater  than  150  psig.  For  these  pressures,  the  relative  humility 
will  be  in  the  range  of  10  to  100  percent. 


7  ] 

The  pressure  method  was  used  by  Weaver  and  RileyL  J  for  the 
calibration  of  electrically  conducting  hygroscopic  films  employed  in 
the  measurement  of  water  vapor  in  gases.  Their  equipment  was  de¬ 
signed  for  low  rates  of  gas  flow  and  was  used  under  room-temperature 
conditions.  Wexler  and  Daniels  [34]  used  the  two-pressure  principle 
in  the  design  of  a  precision  humidity  generator  that  produced  atmos¬ 
pheres  of  known  relative  humidity  from  10  to  98  percent  over  a  temper¬ 
ature  range  from  -40  to  +40°C  with  an  accuracy  to  within  1 /2  of  1  per¬ 
cent  RH,  or  better. 

Figure  4  is  a  simplified  schematic  drawing  illustrating  the 
principle  of  operation  of  the  apparatus,  while  figure  5  is  a  block  diagram 
and  figure  6  a  schematic  of  a  practical  version  of  the  apparatus.  The 
apparatus  is  a  continuous-flow  device.  Air  from  a  high-pressure 
source  is  dried  and  cleaned  by  a  low-temperature  drying  and  filtering 
system.  It  is  then  heated  in  a  warm-up  unit  prior  to  entering  the 
humidifying  system.  Two  pressure  regulators  in  series  reduce  and 
control  the  pressure  in  the  saturators  at  any  desired  value.  After 
emerging  from  the  humidifying  system,  the  air  passes  through  an 
expansion  valve  into  a  test  chamber,  where  its  pressure  is  maintained 
constant,  usually  at  atmospheric  pressure,  and  then  allowed  to  exhaust 
into  the  room  or  a  vacuum  source.  The  drying  and  filtering  systems 
are  immersed  in  a  bath  of  dry  ice  and  Stoddard’s  solvent.  The  humid¬ 
ifying  system,  expansion  valve  and  test  chamber  are  immersed  in  a 
thermostatted  bath  whose  temperature  can  be  controlled  at  any  desired 
value. 


Instruments  undergoing  test  or  calibrations  can  be  inserted 
into  the  test  chamber  or,  alternatively,  air  from  the  test  chamber  can 
be  fed  to  the  test  hygrometer.  Provided  one  can  assure  complete 
saturation,  the  accuracy  with  which  the  pressure  humidity  apparatus 
can  generate  air  of  known  relative  humidity  is  limited  by  a)  the 
accuracy  with  which  the  pressure  is  measured,  b)  the  uniformity  or 
constancy  of  the  temperature  from  the  final  saturator  through  to  the 
test  chamber,  and  c)  the  degree  of  validity  of  the  correction  term  of 
eq  (4).  By  using  suitable  pressure  measuring  instruments,  the  accu¬ 
racy  of  the  pressure  measurements  can  be  made  to  1  part  in  500.  The 
temperature  can  be  held  constant  to  at  least  0.  05°C.  The  correction  term 
can  be  determined,  by  the  gravimetric  method,  with  corresponding 
accuracy.  It  is  estimated  that  the  pressure  humidity  apparatus  will 
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produce  a  relative  humidity  that  is  known  to  within  1/2  of  1  percent 
RH,  or  better. 

The  question  may  arise  as  to  whether  complete  saturation  is 
obtained.  This  can  be  ascertained  by  a  simple  experiment.  The 
apparatus  has  an  external  saturator  which  can  be  charged  with  water 
and  operated  at  any  desired  temperature,  or  it  can  be  maintained  dry. 

If  this  external  saturator  is  maintained  dry,  then  the  humidifying 
system  within  the  thermostatted  bath  must  provide  all  the  moisture 
necessary  to  saturate  the  air  at  the  bath  temperature.  The  apparatus 
is  operated,  therefore,  with  the  external  saturator  dry  and  the  moisture 
content  is  measured  by  inserting  a  precision  hygrometer  in  the  test 
chamber,  or  by  sampling  the  air  and  making  a  gravimetric  determin¬ 
ation.  Water  is  added,  now,  to  the  external  saturator  and  its  temper¬ 
ature  is  adjusted  to  some  value  above  that  of  the  thermostatted  bath. 
Without  changing  any  other  operating  conditions,  air  is  passed  through 
the  apparatus.  Since  the  external  saturator  supersaturates  the  air 
with  respect  to  bath  temperature,  the  humidifying  system  within  the 
thermostatted  bath  precipitates  and  condenses  out  the  excess  water. 

The  moisture  content  is  measured  again  and  compared  to  the  previous 
measurement.  If  the  two  are  identical,  they  give  sufficient  assurance 
that  complete  saturation  is  obtained. 

Basically,  this  equipment  generates  a  known  relative  humidity. 
From  a  measurement  of  the  temperature  and  pressure  within  the  test 
chamber  and  with  the  application  of  the  gas  laws  and  the  saturation 
vapor  pressure  of  water  the  relative  humidity  can  be  converted  to 
other  units  of  humidity  measurement. 

3.  2  Two-Temperature  Humidity  Apparatus 

The  method  employed  in  this  apparatus  for  producing  atmos¬ 
pheres  of  known  relative  humidity  is  to  saturate  a  stream  of  air  with 
water  vapor  at  a  given  temperature  and  then  to  raise  the  temperature  of 
the  air  to  a  specified  higher  value.  If  t  is  the  temperature  of  saturation, 
eg  the  saturation  pressure  of  water  vapor  at  temperature  tg,  t  the 
elevated  temperature,  and  e^  the  saturation  pressure  of  water  vapor 
at  temperature  tf,  then  the  relative  humidity,  RH,  at  temperature  tt 
is 


RH  =  -liL  x  10°-  (5) 

et 

In  eq  (5),  the  assumption  is  made  that  the  absolute  pressure  of 


749/9 


the  air  at  the  elevated  temperature,  t^,  is  the  same  as  the  absolute 
pressure  of  the  air  at  the  saturation  temperature,  t  .  If  these  two 
pressures  are  not  identical,  then  a  pressure  correction  must  be  intro¬ 
duced.  If  P  is  the  absolute  pressure  of  the  air  at  t  ,  and  P  is  the 
absolute  pressure  of  the  air  at  t^,  then  the  relative  humidity  is 

e  P 

RH  =  -1  x  _J_  x  100.  (6) 

et  P 

1  s 

The  inherent  accuracy  of  this  method  depends  not  only  on  the 
accuracy  with  which  the  temperatures  and  pressures  are  measured, 
but  also  on  the  completeness  of  saturation  and  on  the  degree  of  accuracy 
or  validity  of  the  temperature-vapor  pressure  relationship  for  water. 

The  latter  may  be  considered  to  have  been  established  with  sufficient 
exactness  for  most  purposes  in  hygrometry  .  Both  the  temper¬ 

ature  and  pressure  can  be  measured  to  an  accuracy  of  at  least  1/1000. 
The  completeness  of  saturation  can  be  assured  by  employing  a  recir¬ 
culating  scheme.  Thus  this  method  has  considerable  inherent  accuracy. 
Its  main  limitation  is  the  time  required  for  changing  from  one  relative 
humidity  to  another,  for  this  involves  a  temperature  change. 

The  two-temperature  principle  has  been  used  successfully  in 
research  laboratory  equipment.  Shaw  ^  used  it  in  a  laboratory  set-up 
for  investigating  the  performance  of  hygrometers.  Wiegerinkf ^7] 
constructed  equipment,  based  on  this  principle,  for  conditioning 
materials  at  constant  humidities  and  elevated  temperatures.  Wexler1  J 
developed  an  apparatus  capable  of  producing  any  desired  relative 
humidity  over  a  wide  range  of  temperatures.  Burcham^^described  a 
humidity  oven,  operating  over  the  temperature  range  of  30  to  100°C,  in 
which  he  achieved  relative  humidities  of  30  to  95  percent. 


A  simplified  schematic  diagram  illustrating  how  the  two- 
temperature  method  may  be  employed  on  an  apparatus  is  shown  in 
figure  7.  By  means  of  a  gas  pump,  air  is  circulated  from  a  saturator  into 
a  test  chamber  and  then  back  into  the  saturator.  The  temperature,  tg, 
of  the  saturator  and  the  temperature,  t  ,  of  the  test  chamber  are  main¬ 
tained  at  the  respective  desired  values  hy  thermostatted  baths.  Com¬ 
plete  saturation  is  achieved  simply  and  efficiently  by  recirculation  of 
air  over  water  (or  ice)  in  the  saturator,  in  a  closed  system.  Once 
equilibrium  has  been  established  the  saturator  does  not  have  to  change 
the  absolute  moisture  content  of  the  recirculated  air  but  only  to  main¬ 
tain  it. 


The  design  of  a  practical  system,  based  on  this  method,  is 
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shown  in  figure  8.  It  differs  from  the  elementary  design  of  figure  7 
in  that  the  test  chamber  temperature  is  controlled  by  means  of  a  heater 
inserted  in  the  air  stream  rather  than  by  immersing  the  test  chamber 
in  a  thermostatted  bath.  The  elimination  of  a  thermostatted  bath  for 
the  test  chamber,  with  the  resultant  simplification  in  design  and  con¬ 
struction,  is  made  possible  by  the  fact  that  the  saturator  must  neces¬ 
sarily  be  maintained  at  a  lower  temperature  than  the  test  chamber,  and 
hence  the  only  requirement  for  achieving  any  desired  test  chamber 
temperature  is  the  introduction  of  the  requisite  amount  of  heat  into  the 
air  stream. 

It  is  sometimes  desirable  to  be  able  to  make  a  rapid  change  of 
relative  humidity  from  one  discrete  value  to  another.  This  can  be 
achieved  in  this  equipment  by  utilizing  a  number  of  identical  but 
independent  systems  that  are  arranged  in  such  a  fashion  that  their  test 
chambers  may  be  interchanged  easily  and  quickly.  Thus  if  a  different 
saturator  temperature,  tg,  is  maintained  in  each  of,  say,  four  satu¬ 
rators,  and  if  the  same  temperature,  t  ,  is  maintained  in  each  of  four 
test  chambers,  then  the  relative  humidity  in  each  test  chamber  is 
different.  By  interchanging  the  saturators  used  with  a  test  chamber, 
several  different  relative  humidities  at  the  same  temperature  can  be 
provided  in  it  in  rapid  succession. 

The  arrangement  is  shown  schematically  in  figure  9  for  two 
systems.  The  interchange  of  saturators  is  effected  by  a  special 
pneumatic  switch.  It  consists  of  two  ground  and  lapped  plates,  with 
suitable  ports,  to  which  the  test  chambers  are  attached  and  through 
which  air  may  pass.  A  turn  of  the  top  plate  with  respect  to  the  bottom 
plate  advances  each  test  chamber  to  a  new  position  and  connects  each 
test  chamber  with  a  different  saturator.  Two  such  switches  can  be 
used  instead  of  one,  for  greater  convenience  and  versatility  in  changing 
saturators. 


3.  3  Divided  Flow  Humidity  Apparatus 

The  principle  of  divided  flow  is  employed  in  this  apparatus  to 
produce  any  desired  humidity.  Equipment  based  on  this  principle  has 
been  described  by  Walker  and  Ernst^]  for  use  at  temperatures  above 
freezing  and  by  Gluckauf ^*^and  Wexler  £^l]  for  use  at  temperatures 
below  0°C.  A  stream  of  dry  air  is  divided  accurately,  usually  by  means 
of  a  proportioning  valve,  into  two  parts.  One  part  is  saturated  with 
respect  to  water  or  ice;  the  other  part  is  maintained  dry.  The  two  parts 
are  then  recombined  in  a  test  chamber  and  then  exhausted  into  the  room. 
The  relative  humidity  is  given  by  the  ratio  of  the  division. 
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Figure  10  is  a  simplified  schematic  diagram  illustrating  the 
principle  of  operation.  By  means  of  a  proportioning  valve,  V,  a  flow 
of  dry  air  is  divided  into  two  parts  in  a  known  ratio.  One  part  is 
passed  through  a  saturator,  S,  until  it  is  completely  saturated.  The 
saturator  shown  in  figure  10  is  designed  solely  for  ice.  It  consists 
of  a  series  of  trays  into  which  water  can  be  poured  and  then  frozen. 
Other  types  of  saturators  can  be  used  equally  well;  the  design  is  not 
limited  to  ice  saturators.  The  air  after  emerging  from  the  saturator 
is  then  mixed  in  a  mixing  chamber,  Cjy[,  with  the  other  stream  that 
has  been  maintained  dry,  and  then  allowed  to  exhaust  through  a  test 
chamber,  Crp,  into  the  atmosphere.  The  saturator,  mixing  chamber, 
and  test  chamber  are  kept  immersed  in  a  constant  temperature  bath. 

By  direct  measurement,  the  total  pressure,  P  ,  in  the 
saturator  and  the  total  pressure,  Pc,  in  the  test  chamber  are  known. 

The  fraction,  X,  of  air  flow  that  is  directed  through  the  saturator  is 
given  by  the  setting  of  the  proportioning  valve.  Since  everything  is 
at  a  known  constant  temperature,  the  pressure  eg  of  the  saturated 
water  vapor  within  the  saturator,  is  also  known  (by  recourse  to  standard 
tables  of  vapor  pressure).  The  relative  humidity  in  the  test  chamber  is 
determined  by  these  known  parameters. 

Consider  a  unit  mass  of  air  entering  the  proportioning  valve  and 
dividing  into  two  parts;  one  part  passes  through  the  saturator  and  is 
saturated  with  water  vapor  while  the  other  by-passes  the  saturator 
and  remains  dry.  The  portion,  X,  of  air  emerging  from  the  saturator, 
will  contain  Xrg  mass  of  water  vapor,  where  r  is  the  saturation 
mixing  ratio,  that  is,  mass  of  saturated  water  vapor  per  unit  mass  of 
dry  air  at  the  saturator  temperature.  After  the  two  streams  recombine, 
the  air  will  contain  r  mass  of  water  vapor  per  unit  mass  of  dry  air. 

The  total  mass  of  water  vapor  of  the  two  separate  streams  is  equal  to 
the  mass  of  water  vapor  of  the  recombined  stream,  i.  e.  , 

Xr  =  r 
s 


or 


X=—  .  (7) 

rs 

The  relative  humidity  in  the  test  chamber  is  defined  by 

RH  -  x  100,  (8) 

es 

where  e  is  the  partial  pressure  of  the  water  vapor  in  the  test  chamber. 
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From  Daltonls  law  of  partial  pressures,  and  assuming  the  perfect  gas 
laws  to  apply,  it  follows  that  the  mixing  ratio  of  the  air-water  vapor 
mixture  in  the  test  chamber  is 


r 


M 


w 


e 


P  -e 
c 


(9a) 


and  that  the  saturation  mixing  ratio  in  the  saturator  is 


r 


s 


e 

s 


P  -e 
s 


t 


s 


(9b) 


where 


M  =  molecular  weight  of  air, 
a 

or 

=  molecular  weight  of  water. 


Therefore 

r  =  e _  (Ps  -  es)  .  (10) 

rs  es  (Pc  ~  e  ) 

By  substituting  eqs  (7)  and  (8)  into  eq  (10),  the  relative  humidity  is 
obtained  in  terms  of  known  quantities 


"X" 

RH  =  _ £ _  x  100.  (11) 

Ps-  <1-X)es 

If  the  pressure  drop  from  the  saturator  to  the  test  chamber  is 
made  sufficiently  small,  then  P  may  be  considered  equal  to  P  . 

S  j-v  c 

Furthermore,  at  low  temperature,  say  below  0  C,  eg  is  negligible 
compared  to  Pg. 

Equation  (11)  therefore  reduces  to 

RH  =  100  X.  (12) 

At  higher  temperatures,  where  the  saturation  pressure  of  water  is  no 
longer  negligible,  the  relative  humidity  in  the  test  chamber  should  be 
computed  by  eq  (11). 

Only  under  the  stated  conditions  of  small  pressure  drops  and  low 
temperatures  is  the  relative  humidity  given  by  the  proportioning  ratio, 

X.  On  the  other  hand,  the  proportioning  ratio  X  is  a  precise  value  of 
the  percent  mixing  ratio  and  so  is  a  direct  measure  of  the  absolute 
humidity  produced  by  the  divided-flow  apparatus. 
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A  divided-flow  apparatus  designed  specifically  for  use  at  temper¬ 
atures  below  freezing  is  shown  schematically  in  figure  11.  It  comprises 
the  following  functional  units:  (a)  The  drying  system,  (b)  the  proportion¬ 
ing  system,  (c)  the  humidifying  system,  (d)  the  mixing  chamber,  (e)  the 
test  chamber,  (f)  the  cooling  system,  and  (g)  the  thermostatting  system 
for  temperature  control. 

Air  from  a  high  pressure  source  is  dried  by  freezing  in  a  dry 
ice  and  Stoddard's  solvent  bath.  The  dry  air  is  then  brought  to  room 
temperature,  its  pressure  reduced  and  controlled  by  a  regulator,  and 
passed  through  the  proportioning  system. 

One  type  of  proportioning  system  which  is  used  consists  of  a 
valve  which  divides  the  air  in  a  definite  ratio  by  means  of  orifices.  In 
one  design  of  valve  six  orifices  of  equal  cross-sectional  area  are  so 
arranged  that  by  a  turn  of  the  knob  of  the  valve,  the  incoming  air  can 
be  divided  to  produce  any  of  seven  ratios:  0,  1/6,  1/3,  1/2,  2/3,  .5/6, 
and  1.  These  ratios  are  the  fractions  of  air  entering  the  valve  that 
emerge  through  one  of  the  exit  channels.  Since  this  exit  channel  is 
made  to  communicate  with  the  saturating  system,  these  ratios  may  be 
used  as  the  values  for  X  in  eqs  (7),  (9),  (11),  and  (12).  To  assure  that 
the  air  will  divide  in  accordance  with  one  of  these  given  fixed  ratios, 
the  pressures  downstream  of  the  proportioning  valve  must  be  equalized. 
This  is  achieved  by  use  of  two  variable  resistances  (pressure  equali¬ 
zation  valves)  and  a  differential  merc.ury  manometer. 

The  two  air  streams,  on  leaving  the  proportioning  system,  flow 
through  the  humidifying  system  in  parallel  channels,  into  the  mixing 
chamber  where  they  are  combined  and  centrifugally  mixed,  then  into 
the  test  chamber  and  are  finally  discharged  into  the  atmosphere.  The 
saturators,  mixing  chamber  and  test  chamber  are  immersed  in  a  liquid 
bath  that  can  be  controlled  at  any  desired  temperature.  For  this 
particular  apparatus,  the  temperature  range  is  0  to  -40° C. 

The  divided-flow  apparatus  is  a  continuous-flow  device  in  which 
the  air  speed  through  the  test  chamber  can  be  adjusted  and  controlled. 
The  rotation  of  the  proportioning  valve  and  the  adjustment  of  the  equal¬ 
ization  valves  are  the  only  operations  required  for  changing  the  relative 
humidity.  The  time  involved  is  usually  a  matter  of  1  or  2  sec.  This 
permits  any  hygrometer  under  test  in  the  test  chamber  to  be  subjected  to 
a  discrete  change  in  relative  humidity,  a  desirable  advantage  in  the 
study  of  lag  characteristics. 
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3.4  Apparatus  Employing  Combined  Principles 

Each  of  the  generators  so  far  described  is  based  on  a  single 
principle  of  operation.  It  is,  of  course,  possible  to  combine  several 
of  the  principles  for  humidity  generation  into  one  apparatus.  For 
example,  the  pressure  humidity  apparatus  can  be  made  more  versatile 
by  separately  controlling  the  saturator  and  test  chamber  temperatures. 
The  advantage  of  this  is  that  low  relative  humidities  can  be  reached 
without  the  need  of  extremely  high  saturator  pressures.  The  relative 
humidity  is  then  given  by 

(1  -  K  pt  +  K'PQ  (13) 

(1  -  K  Ps+  K'P  ) 

where 

Pt  =  test  chamber  pressure 
Pg  =  saturator  pressure 

eg  =  saturation  vapor  pressure  at  the  saturator 
temp. 

e  =  saturation  vapor  pressure  at  the  test 
chamber  temp. 

In  a  similar  fashion,  the  divided-flow  apparatus  can  be  designed  so  that 
the  saturator  system  and  test  chamber  are  in  separate  temperature 
baths. 


4.  Fixed  Humidity  Points 

Very  convenient  methods  exist  for  establishing  atmospheres  of 
known  relative  humidity  which  depend  upon  the  equilibrium  vapor 
pressure  of  water  when  a  chemical  is  dissolved  in  it.  The  solution  of 
a  material  in  water  lowers  the  vapor  pressure  of  the  water.  The  magni¬ 
tude  of  the  lowering  depends  on  the  concentration  and  temperature  of 
the  solution.  These  methods  essentially  provide  fixed  humidity  points. 
They  are  ideally  suited  for  controlling  the  relative  humidity  of  a  small 
space.  Usually,  little  more  is  required  than  an  enclosed  space  and  an 
appropriate  amount  of  chemical  and  water.  Equilibrium  conditions 
are  more  rapidly  established,  however,  when  air  circulation  or 
stirring,  as  by  means  of  a  fan  or  blower,  is  employed.  When  air 
circulation  is  used,  the  motor  for  driving  the  fan  or  blower  is  mounted 
externally  to  the  test  chamber  to  reduce  any  tendency  for  the  chamber 
to  warm  up  due  to  motor  heat.  The  air  circulation  should  be  moderate, 
to  reduce  heating  effects.  In  all  these  methods,  the  attainment  of 
equilibrium  depends  on  maintaining  the  chamber  free  of  humidity  sources 
or  sinks.  For  this  reason,  the  chamber  should  be  fabricated  from  non- 
hygroscopic  materials,  preferably  metal  or  glass.  Materials  which 
are  highly  hygroscopic,  like  wood,  should  not  be  used. 
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4.  1  Saturated  Salt  Solutions 


The  saturated  salt  solution  method  is  inexpensive,  simple  and 
produces  relative  humidities  that  are  roughly  independent  of  temper¬ 
ature.  The  decided  advantage  of  a  saturated  solution  is  that  it  can  be 
made  without  measuring  either  the  amount  of  salt  or  water.  Since 
the  concentration  is  fixed,  for  a  given  temperature,  the  ambient 
relative  humidity  is  fixed.  A  saturated  solution  therefore  provides  an 
easily  attained  fixed  humidity  point.  It  is  only  useful  at  temperatures 
above  the  freezing  point  of  the  solution.  A  sealed  chamber  is  required 
for  which  a  large  glass  jar  or  bell  jar  is  often  suitable.  The  salt 
solution  is  made  up  as  a  slushy  mixture  in  a  glass  or  enameled  tray 
or  in  the  glass  jar,  if  used,  with  the  solution  spreading  over  as 
large  an  area  as  practicable.  Distilled  water  and  chemically  pure 
salts  must  be  used.  Stirring  the  solution  may  accelerate  the  attain¬ 
ment  of  equilibrium. 

Data  for  a  number  of  saturated  salt  solutions  have  been  compiled 
by  various  authors  and  in  various  handbooks [42,  43,  44  j  .  The  salts 
listed  in  table  1  have  been  particularly  useful  for  hygrometer  cali¬ 
bration  work.  The  data  in  this  table  are  based  on  dewpoint  measure¬ 
ments^^  .  In  general  use,  saturated  salt  solutions  should  not  be 
expected  to  control  the  relative  humidity  to  closer  than  about  one 
percent  relative  humidity. 
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Table  1.  Saturated  salt  solutions  values  of  relative  humidity  versus  temperature 
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4.  2  Water-Sulfuric  Acid  Solutions 


Water-sulfuric  acid  mixtures  produce  atmospheres  of  relative 
humidity  that  depend  on  composition  and  temperature^^  47, 48,  49»  50,  5 1 
The  concentration  of  the  mixture,  at  a  given  temperature,  determines 
the  ambient  relative  humidity.  The  temperature  effect  is  small.  The 
liquid  may  be  exposed  in  a  suitable  tray  in  a  sealed  chamber  to  give 
the  equilibrium  vapor  pressure  of  the  mixture,  or  air  may  be  other¬ 
wise  brought  into  intimate  contact  with  the  liquid.  Values  of  relative 
humidity,  as  a  function  of  temperature  and  concentration,  are  given  in 
table  2.  Collins1  data^48]are  used  for  temperatures  of  20  through  70°C 
while  Wilson’s  compilation^-  46Jfs  used  for  0°C. 

To  obtain  a  desired  relative  humidity,  it  is  necessary  to  prepare 
a  solution  of  proper  concentration.  In  use,  the  concentration  of  the 
solution  may  change  and  some  technique  is  needed  to  periodically  check 
or  measure  the  concentration.  One  scheme  is  to  titrate  a  sample  with 
a  standard  base  of  known  concentration;  another  is  to  measure  the 
density  or  specific  gravity.  Values  of  specific  gravity,  as  a  function 
of  concentration,  at  20° C  assuming  the  density  of  water  at  4°C  as  unity, 
are  listed  in  table  2  and  are  abridged  from  the  Handbook  of  Chemistry 
and  Physics  ^  .  The  concentration  of  the  sulfuric  acid  solution  can 

then  be  adjusted,  if  necessary,  by  the  addition  of  a  suitable  amount  of 
water  or  acid. 
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Table  2.  Relative  humidity  obtained  from  water-sulfuric  acid  solutions 
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4.  3  Water-Glycerin  Solutions 


Water-glycerin  mixtures  will  similarly  produce  atmospheres  of 
known  relative  humidity^ 2,  53]  .  The  techniques  employed  with  water- 
sulfuric  acid  mixtures  work  equally  well  with  water-glycerin  mixtures. 

An  important  advantage  of  water-glycerin  mixtures  over  water-sulfuric 
acid  is  that  they  are  non-corrosive.  The  relative  humidities  obtained 
from  various  water-glycerin  solutions  are  given  in  table  3.  The  values 
are  based  on  the  work  of  Grover  and  Nicol^^3,  who  measured  the  vapor 
pressure  at  20°C  and  applied  Duhring's  rule  to  compute  the  vapor 
pressures  at  other  temperatures.  Table  3  also  contains  values  of 
specific  gravity,  at  20° C  assuming  the  density  of  water  at  4°C  as  unity, 
abridged  from  the  Handbook  of  Chemistry  and  Physics  [44]  .  a  measure¬ 
ment  of  the  specific  gravity  of  a  glycerin-water  mixture  provides  a 
check  on  the  concentration. 

Table  3.  Relative  humidity  obtained  from  water-glycerin  mixtures 


Percent 
glycerin 
by  weight 

Specific  gravity 

T  emperature. 

°C 

at  20  oC 

4 

0 

20 

40 

70 

Relative  humidity. 

% 

% 

% 

% 

20 

1.  fK-70 

90.  0 

94.  2 

93.  9 

93.  1 

40 

1. 0995 

8  2.  2 

86.  5 

86.  6 

86.  2 

60 

1.  1533 

70.  0 

73.  8 

73.  8 

74.4 

80 

1.  2079 

49.  6 

51.  7 

50.  9 

50.  5 

90 

1.  2347 

3  2.  4 

3  2.  0 

30.  9 

30.  3 

5.  Humidity  Chambers 

In  response  to  a  sensing  element,  such  as  a  mechanical  hygro¬ 
meter,  electrical  hygrometer,  or  psychrometer,  the  humidity  of  a 
closed  space  may  be  raised  by  water,  spray  or  steam  injection,  by 
exposure  to  a  water  surface  or  wet  wicks,  or  by  the  introduction 
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of  saturated  or  high  humidity  air  or  the  humidity  may  be  lowered  by 
chemical  adsorption  or  the  introduction  of  dry  air.  Either  manual  or 
automatic  controls  may  be  used  to  achieve  the  desired  humidity.  The 
basic  feature  about  humidity  chambers  of  this  kind  is  that  they  require 
or  depend  upon  auxiliary  humidity  measuring  devices  for  an  indication 
of  the  moisture  content  of  the  air.  There  are  many  chambers  of  this 
sort  described  in  the  literature  [^4-643  .  Most  of  them  are  meant 
to  be  used  at  room  temperature,  or,  perhaps,  elevated  temperatures, 
for  testing  materials  and  electrical  instruments  for  the  deleterious  effects 
of  high  humidity.  Some  chambers  have  been  designed  for  vapor 
absorption  or  permeability  studies. 

Figure  1Z  is  a  sketch  of  the  humidity  chamber.  Two 
trays,  each  with  a  tight  cover  that  can  be  raised  and  lowered  by 
external  manipulation,  are  placed  in  the  chamber.  One  tray  con¬ 
tains  a  chemical  absorbent,  such  as  sulfuric  acid,  silica-gel,  or 
Drierite,  while  the  other  contains  distilled  water,  preferably  with 
exposed  cotton  or  linen  wicks.  The  cover  of  the  appropriate  tray  is 
raised  until  a  hydrometer  indicates  that  the  desired  relative  humidity 
has  been  attained.  The  cover  is  then  dropped  and  since  the  chamber 
is  sealed,  the  humidity  remains  constant.  The  chamber  may  be  made 
automatic  by  using  the  output  of  a  sensing  element,  through  an 
appropriate  circuit  [  62,  633  ,  to  raise  or  lower  the  required  cover. 
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Figure  2.  Block  diagram  of  NBS  gravimetric  hygrometer. 


766/26 


TEST  GAS  INLET 


Figure  3.  Flow  diagram  of  NBS  gravimetric  hygrometer. 
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Figure  4.  Simplified  schematic  drawing  of  pressure  humidity  generator,, 


A  -  Source  of  high  pressure  air 
B  -  Pressure  regulator 
C  -  Saturator 

D  -  Precision  pressure  gage 
E  -  Expansion  valve 


F  -  Test  Chamber 
G  -  Precision  pressure  gage 
H  -  Control  valve 
I  -  Atmosphere  or  vacuum 
source 


Figure  5.  Block  diagram  of  NBS  pressure  humidity  generator. 
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Figure  6.  Schematic  drawing  of  NBS  pressure  humidity  generator. 


A  1  -  High  pressure  source 
A  2  -  Filter 
A  3  -  Valve 

A  4,  5  -  Centrifugal  water  separator 
A  6  -  Copper  cooling  coil 
A  7  -  Fin  air  dryer 
A  8  -  Low  temperature  filter 
A  9  -  Electric  heater 
A  10  -  Bimetal  thermregulator 
A  11  -  Air  reversal  valve 
A  12  -  Shut-off  valve 
A  13,  14  -  Pressure  regulator 
A  15  -  External  gross  saturator 
A  16  -  Resistance  thermometer 
and  indicator 

A  17,  19,  21,  25  -  Copper  coil 
heat  exchangers 
A  18,  20,  22  -  Centrifugal 
saturators 

A  23,  27  -  Pressure  gages 
A  24  -  Expansion  valve 


A  26  -  Test  chamber 
A  28  -  Linear  flowmeter 
A  29  -  Exhaust  control  valve 
B  -  Insulated  liquid  (varsol) 
constant  temperature  bath 
D  -  Insulated  dry  ice  bath 
Hi-  Bimetal  thermoregulator 
H  2  -  Electric  heater 
H  3  -  Input  voltage 
T  1  -  Varsol  cooling  coil 
T  2  -  Positive  rotary  displace¬ 
ment  pump 
T  3  -  Motor 

T  4  -  Varsol  by-pass  valve 
T  5  -  Varsol  control  valve 
T  6  -  Centrifugal  stirrer 
T  7  -  Constant  electric  heater 
T  8  -  Intermittent  electric  heater 
T  9,  10  -  Thermistors 
VI-  Vacuum  source 
V  2  -  Vacuum  shut-off  valve 
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Figure  7.  Simplified  schematic  drawing  of  two- temperature  humidity  generator. 
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Figure  8.  Schematic  drawing  of  NBS  two- temperature  humidity  generator, 
Single  recirculating  system  shown. 
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Figure  9.  Schematic  diagram  of  pneumatic  switches  for  interchanging  test 
saturators  of  NBS  two- temperature  humidity  generator. 

Only  two  of  four  recirculating  systems  shown. 
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Figure  10.  Simplified  schematic  drawing  of  divided-flow  humidity  generator. 
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Figure  12.  Simple  humidity  chamber. 
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Recirculating  Apparatus  for  Testing  Hygrometers 1 2 3 

By  Arnold  Wexler 

An  apparatus  that  was  developed  for  producing  atmospheres  of  known  relative  humidity 
is  described.  It  was  designed,  principally,  for  research  on  and  calibration  of  radiosonde 
hygrometer  elements  at  temperatures  above  freezing,  but  is  equally  useful  at  temperatures 
down  to  —40°  C.  It  operates  by  saturating  air  at  one  temperature  and  then  raising  the 
air  temperature  sufficiently  to  give  any  desired  relative  humidity.  The  air  is  recirculated 
continuously  in  a  closed  system.  Four  identical,  but  independent,  recirculating  systems  are 
employed.  Discrete  changes  in  humidity  and  temperature  are  obtained  by  means  of  a  novel 
pneumatic  valve  that  permits  the  hygrometers  under  test  to  be  switched,  easily,  from  system 
to  system.  Checks  on  the  performance  of  the  apparatus  by  means  of  the  gravimetric  method 
of  moisture  determination  and  the  psychrometric  method  show  an  average  difference  in 
relative  humidity  of  ±1.2  percent. 


I.  Introduction 

In  the  meteorological  sounding  of  the  upper 
atmosphere  by  means  of  the  radiosonde,  the  device 
commonly  employed  for  sensing  the  water  vapor 
content  of  the  air  is  the  electric  hygrometer.2  3 
During  a  flight,  the  hygrometer  may  be  subjected 
to  a  wide  range  of  temperatures  and  humidities, 
as  well  as  to  air  flows,  corresponding  to  rates  of 
ascent  of  the  balloon,  of  1,000  ft/min  or  more. 
These  conditions  of  use  have  created  a  need  for  some 
convenient  means  of  producing  and  maintaining 
atmospheres  of  known  relative  humidity,  at  any  of 
the  temperatures  encountered  in  a  radiosonde  flight, 
for  calibration  and  research  purposes.' 

An  apparatus  has  been  developed  to  fulfill  this 
need.  It  was  designed  for  operation,  principally,  at 
temperatures  above  0°  C  but  is  equally  useful  at 
temperatures  down  to  —40°  C.  Provision  was  made 
for  obtaining  discrete  changes  in  humidity  and 
temperature  and  for  maintaining  given  air  speeds. 
It  supplements  an  apparatus  of  the  divided-flow 
type  previously  built  for  use  at  temperatures  below 
freezing.4 

II.  Theory. 

A  fundamental  method  for  producing  an  atmos¬ 
phere  of  known  relative  humidity  is  to  saturate  a 
stream  of  air  with  water  vapor  at  a  given  tempera¬ 
ture  and  then  to  raise  the  temperature  of  the  air  to  a 
specified  higher  value.  If  ts  is  the  temperature  of 
saturation,  es  the  saturation  pressure  of  water  vapor 
at  temperature  t„  f  t  the  elevated  temperature,  and  e  t 
the  saturation  pressure  of  water  vapor  at  temperature 
tt,  then  the  relative  humidity,  H,  at  temperature  tL  is 

£Z  =  100  -*•  (1) 

e-t 

In  eq  1  the  assumption  is  made  that  the  absolute 
pressure  of  the  air  at  the  elevated  temperature,  tt,  is 
the  same  as  the  absolute  pressure  of  the  air  at  the 
saturation  temperature,  ts.  If  these  two  pressures 

1  This  apparatus  was  developed  for  the  Bureau  of  Ships,  Department  of  the 
Navy. 

2  F.  W.  Dunmore,  J.  Research  NBS  20,  723  (1938)  RP1102. 

3  F.  W.  Dunmore,  J.  Research  NBS  23,  701  (1939)  RP1265. 

*  A.  Wexler,  J.  Research  40,  479  (1948)  RP1894. 


are  not  identical,  then  a  pressure  correction  must  be 
introduced.  If  Ps  is  the  absolute  pressure  of  the 
air  at  ts,  and  Pt  is  the  absolute  pressure  of  the  air  at 
tt,  then  the  relative  humidity  is 

7?=100-*|t  (2) 

A  simplified  schematic  diagram  illustrating  how 
the  two-temperature  method  may  be  employed  in 
an  apparatus  is  shown  in  figure  1.  By  means  of  a 
gas  pump,  air  is  circulated  from  a  saturator  into  a 
test  chamber  and  then  back  into  the  saturator. 
The  temperature,  t„,  of  the  saturator  and  the  tem¬ 
perature,  tt,  of  the  test  chamber  are  maintained  at 
their  respective  desired  values  by  thermostatted 
baths.  Complete  saturation  is  achieved  simply,  and 
efficiently  by  recirculation  of  air  over  water  in  the 
saturator,  in  a  closed  system.  The  relative  humid¬ 
ity,  II,  in  the  test  chamber  is  given  by  eq  2,  where 
the  saturation  vapor  pressures,  es  and  et ,  correspond¬ 
ing  to  temperatures  t,  and  tt,  are  obtained  from  stand¬ 
ard  tables,  and  the  absolute  pressures,  Ps  and  P t, 
are  measured  values. 

The  design  of  a  practical  system,  based  on  this 
method,  is  shown  in  figure  2.  It  differs  from  the 
elementary  design  of  figure  1  in  that  the  test- 
chamber  temperature  is  controlled  by  means  of  a 
heater  inserted  in  the  air  stream  rather  than  by 
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Figure  2.  Schematic  diagram  of  a  ■practical  two-temperature 
recirculating  humidity  apparatus. 

A,  Test-chamber  thermocouple;  B,  test  chamber;  C,  reflux  tube;  D,  thermistor; 
E,  intermittent  heater;  F,  control  valve  (air);  G,  gross  heater;  H,  bypass  valve 
(air);  J,  gas  pump;  K,  thermal  insulation;  L,  motor;  M,  saturator  thermocouple; 
N,  flow  meter;  O,  differential  pressure  gage;  P,  centrifugal  stirrer;  Q,  screen; 
R,  dry-ice  bath;  S,  saturator;  T,  nozzle,  U,  coil  (liquid);  V,  thermoregulator; 
W,  coil  (air);  X,  control  valve  (liquid);  Y,  bath  heater;  Z,  thermostatted  Varsol 
bath;  A',  water;  B',  bypass  valve  (liquid);  C',  circulating  pump. 

immersing  the  test  chamber  in  a  thermostatted 
liquid  bath.  The  elimination  of  a  thermostatted 
bath  for  the  test  chamber,  with  the  resultant  simpli¬ 
fication  in  design  and  construction,  is  made  possible 
by  the  fact  that  the  saturator  must  necessarily  be 
maintained  at  a  lower  temperature  than  the  test 
chamber,  and  hence  the  only  requirement  for  achiev¬ 
ing  any  desired  test-chamber  temperature  is  the 
introduction  of  the  requisite  amount  of  heat  into  the 
air  stream.  A  novel  feature  of  the  test-chamber 
design  is  the  concentric  tube  arrangement.  The 
air  from  the  saturator  flows  upward  through  the 
inner  tube,  then  reverses  its  direction  and  returns 
downward  in  the  annular  space  between  the  inner 
and  outer  tubes.  The  outer  tube  is  thermally 
insulated.  This  reflux  action  contributes  to  tem¬ 
perature  control  and  a  reduction  in  thermal  losses, 
for  it  surrounds  the  test  space,  which  is  at  the  upper 
end  of  the  inner  tube,  with  air  at  or  near  the  test- 
chamber  temperature. 

The  important  features  of  the  saturator  are  its 
simplicity  of  design,  its  adaptability  for  temperatures 
below  as  well  as  above  the  freezing  point  of  water,  and 
its  effective  saturation  of  air  at  both  high  and  low 
flows.  These  features  are  achieved  in  large  measure 
by  imparting  a  centrifugal  action  to  the  entrant  air 
stream.  The  saturator  is  a  cylindrical  chamber  to 
which  water  is  added  to  a  convenient  depth.  Air  is 
discharged  through  a  nozzle  into  the  chamber  above 
the  water  surface  and  tangential  to  the  vertical  walls 
and  is  exhausted  through  a  central  port  in  the  top. 
The  centrifugal  action  creates  a  whirlpool  and 
thoroughly  mixes  water  vapor  with  the  air.  Spray 
and  liquid  droplets  are  forced  to  the  walls  by  centrifu¬ 
gal  force,  with  the  result  that  there  is  little  tendency 


for  liquid  water  to  emerge  through  the  exit  port, 
except  at  very  low  air  flows.  A  multilayer  fine  wire 
screen  baffle  is  used  at  the  exit  to  trap  and  prevent 
water  from  passing  out  of  the  saturator  at  the  low 
flows.  As  the  air  does  not  bubble  through  the  water 
but  only  passes  over  its  exposed  surface,  the  water 
may  be' frozen  without  impairing  the  functioning  of 
the  saturator.  The  saturation  pressure  of  the  water 
vapor  in  the  saturator  (for  use  in  eq  2)  is  taken,  then, 
with  respect  to  ice. 

A  desirable  requirement  in  a  humidity  apparatus  is 
a  scheme  or  mechanism  whereby  the  relative 
humidity  may  be  changed  quickly  and  in  discrete 
steps.  Such  a  scheme  is  necessary  for  lag  studies  on 
hygrometers.  It  is  achieved  in  this  equipment  by 
utilizing  four  identical  but  independent  systems  that 
are  arranged  in  such  a  fashion  that  their  test  cham¬ 
bers  may  be  interchanged  easily  and  rapidly.  Thus, 
if  a  different  temperature,  ts,  is  maintained  in  each  of 
the  four  saturators,  and  if  the  same  temperature,  tt, 
is  maintained  in  each  of  the  four  test  chambers,  then 
the  relative  humidity  in  each  test  chamber  is  dif¬ 
ferent.  By  interchanging  the  test  chambers,  the 
relative  humidities  therein  undergo  discrete  changes, 
as  each  test  chamber  now  communicates  with  a 
different  saturator. 

The  arrangement  is  shown  schematically  in  figure  3 
for  two  of  the  four  systems.  The  interchange  of  test 
chambers  is  effected  by  a  special  pneumatic  switch. 
It  consists  of  two  ground  and  lapped  plates  to  which 
the  inner  and  outer  tubes  are  attached  and  which 
contain  ports  through  which  the  air  may  pass.  A 
quarter  turn  of  the  top  plate  with  respect  to  bottom 
plate  advances  each  test  chamber  to  a  new  position 
and  connects  each  test  chamber  with  a  different 
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Figure  3.  Schematic  diagram  of  pneumatic  switches  for  inter¬ 
changing  test  chambers;  only  two  of  the  four  systems  are 
shown. 

A,  Test  chamber;  B,  upper  switch;  C,  lower  switch;  D,  top  plate;  E,  bottom 
plate;  F,  gas  pump;  G,  saturator;  H,  thermostatted  bath. 
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saturator.  Two  such  switches  are  used  instead  of  one 
for  greater  convenience  and  versatility.  For  lag 
studies  only,  the  upper  switch  is  used.  The  speed 
with  which  the  relative  humidity  can  be  changed  is  of 
the  order  of  1  to  2  seconds  and  depends  primarily  on 
the  spded  with  which  the  switch  can  be  rotated. 

III.  Design  Details 

An  oil-free  impeller-type  gas  pump  is  used  to 
circulate  air  continuously  through  each  system.  The 
flow  is  controlled  by  means  of  a  bypass  valve,  as 
shown  in  figure  2,  and  is  measured  by  a  glass-wool 
linear  flowmeter  that  is  calibrated  in  terms  of  air 
speed  through  the  test  chamber.  The  air  flows 
through  a  copper  tube  coil,  immersed  in  the  same 
thermostatted  liquid  bath  as  the  saturator  and 
reaches  bath  temperature  before  it  passes  into  the 
saturator.  The  cooling  coil  is  essential  for  satis¬ 
factory  operation,  for  unless  the  air  enters  the 
saturator  at  the  bath  temperature,  an  uncertainty  in 
saturation  temperature  ensues.  The  saturator  is  a 
brass  cylinder,  5  in.  in  diameter  and  4  in.  deep.  The 
inner  tube  of  the  reflux  portion  of  the  system  is 
polystryrene  with  llFin.  outside  diameter  and  %-in. 
wall  thickness,  while  the  outer  is  brass  tubing  with 
2-in.  outside  diameter  and  ^2-in.  wall  thickness. 

The  copper  tube  coil  and  saturator  are  immersed  in 
a  varsol  bath,  whose  temperature  is  closely  regulated. 
Varsol  is  used  so  that  low  temperatures  may  be 
attained.  A  bimetal  thermoregulator  controls  a 
heater  through  a  power  relay.  The  circuit  is  shown  in 
figure  4.  A  positive  rotary  displacement  pump 


A 
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bath  temperature  is  at  or  above  the  control  point. 
On-off  regulation  is  thereby  achieved.  The  bath  is 
actively  agitated  by  a  centrifugal  stirrer. 

The  temperature  of  the  moving  air  stream  in  the 
test  chamber  is  controlled  by  two  heaters;  a  gross 
heater  supplies  constant  heat,  the  amount  manually 
adjusted,  by  means  of  a  rheostat,  as  shown  in  figure 
5;  an  intermittent  heater  supplies  heat  on  demand, 
the  amount  also  manually  adjusted  by  a  rheostat 
and  the  demand  determined  by  two  thermistors 
acting  as  the  temperature  sensitive  elements.  The 
gross  heater  supplies  most  of  the  heat,  whereas  the 
intermittent  heater  supplies  heat,  as  required,  to 
raise  the  temperature  to  the  control  point.  Figure  6 


E 


Figure  5.  Test-chamber  gross-heater  circuit. 

A,  Ammeter;  B,  rheostat;  O,  limiting  resistor;  D,  gross  heater;  E,  fuse;  F,  110-v 
alternating-current  regulated  supply;  G,  pilot  lamp 
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Figure  4.  Varsol  bath  temperature  control  circuit. 

A,  110-v  alternating  current;  B,  shunt  resistor;  C,  power  relay;  D,  bath  heater; 
E,  pilot  lamp;  F,  bimetallic  thermostat. 

withdraws  varsol  from  the  bath,  circulates  it  through 
another  cooling  coil  and  discharges  it  back  into  the 
bath.  This  second  cooling  coil  is  maintained  at 
—  78°  C  by  crushed  dry  ice.  The  cold  varsol  flow  is 
adjusted,  by  means  of  valves,  so  that  the  bath 
temperature  will  tend  to  drop  very  slightly.  The 
heater  is  arranged  to  go  on  when  the  bath  temperature 
drops  below  the  control  point  and  will  go  off  when  the 


A,  Microammeter;  B,  6-v  direct  current;  C,  regulated  110-v  alternating  current; 
D,  fuse;  E,  light;  F,  milliammeter;  G,  rheostat;  H,  limiting  resistor;  J,  28-v  pulsing 
circuit;  K,  22)4  v;  L,  thermistor;  M,  decade  resistance  box;  N,  galvanometer  relay; 
O,  power  relay;  P,  intermittent  heater. 

is  a  circuit  diagram  of  the  intermittent  heater  control 
circuit.  The  desired  control  temperature  is  estab¬ 
lished  by  resistances,  M  (coupled  decade  resistance 
boxes)  in  a  Wheatstone  bridge  circuit  containing 
thermistors,  L.  The  bridge  balance  is  sensed  by  a 
galvanometer  relay.  A  current  of  %  microampere 
deflects  the  pointer  against  a  magnetic  contact, 
actuating  a  power  relay  and,  in  turn,  the  intermit¬ 
tent  heater.  The  operation  of  an  electromagnetic 
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plunger  returns  the  pointer  to  a  sensing  position. 
If  the  bridge  is  balanced,  the  pointer  does  not  move; 
if  the  bridge  is  unbalanced,  the  pointer  deflects. 
An  electronic  pulsing  circuit  periodically  triggers  the 
plunger  at  a  frequency  that  is  adjustable  from  2 
times  a  minute  to  60  times  a  minute,  so  that  the 
galvanometer  may  sense  the  balance  of  the  bridge. 

The  completed  apparatus  is  shown  in  figure  7. 
Figure  8  shows  the  apparatus  with  the  cover  raised 
showing  the  four  thermostatted  baths. 


Figure  7.  Humidity  apparatus. 


Figure  8.  View  of  apparatus  with  cover  raised  showing  the 
four  independent  thermostatted  baths. 

IV.  Performance  Characteristics 


ous  speeds  of  air  flow.  The  results  are  given  in  table 
1.  As  an  additional  check  on  the  accuracy,  a 
thermocouple  psyclirometer  was  employed  to  meas¬ 
ure  the  actual  relative  humidity  in  the  test  chamber. 
The  results  are  given  in  table  2.  These  tests  show  an 
average  difference  in  percentage  of  relative  humidity 
of  ±1.2  percent  between  the  gravimetrically  meas¬ 
ured  relative  humidity  and  the  apparatus  relative 
humidity  given  by  eq  2 ;  and  an  average  difference  in 
percentage  of  relative  humidity  of  ±0.9  percent 
between  the  psychrometric  measurements  and  the 
apparatus  values  given  by  eq  2. 


Table  1.'  Gravimetric  calibration 
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11/1 

1 1/4 

500 

50 

—3. 54 

22.8 

23*4 

-0.  () 

2(1 

20.  53 

95.0 

95. 0 

.  0 

21 

11/4 

11/4 

1.000 

21.41 

87.6 

84.  7 

+2.9 

22 

50 

17.37 

83.9 

84.0 

-0.  1 

23 

11/4 

1,000 

17.  83 

81.  1 

81.6 

-.5 

21 

11/9 

1,000 

4.75 

88.9 

85.1 

+3.8 

25 

11/9 

1,000 

14.98 

44.6 

44.5 

+0.1 

26 

11/9 

1.000 

9.  68 

97.5 

94.6 

+2.9 

27 

11/9 

1,000 

9.68 

97.2 

96.3 

+0.9 

28 

11/14 

1.000 

15.  71 

89.3 

88.7 

+.6 

29 

11/14 

11/14 

1,000 

1,000 

15.71 

89.2 

86.6 

+2.6 

30 

15.  68 

89.5 

88.  2 

+1.3 

±1.3 

Table  2.  Psychrometric  calibration 
(Air  velocity=l,000  ft/min) 


Test-chamber 

Relative  humidity 

temperature 

(°C) 

Apparatus 

Psychrom- 

eter 

Difference 

15.88.__ . . 

Percent 

88.6 

Percent 

88.8 

Percent 

-0.2 

•15.90 _ 

88.6 

88.2 

~f".  4 

15.01 _ 

65. 1 

63.8 

+1.3 

15.05 _ 

64.9 

65.5 

-0.6 

5.90 _ 

72.1 

71.6 

+.5 

5.33 _ 

72. 1 

72.3 

-.2 

10.92 _ 

51. 1 

50. 1 

+  1.0 

10.71. . . - 

51.9 

51.2 

+0.7 

10.72 _ 

52.1 

51.3 

+.8 

17.22 _ 

34.  1 

33.3 

+.8 

17.05  _ 

34.7 

33.7 

+1.0 

17.12 . . 

34.  2 

32.9 

+1.3 

21.10  _ 

37.2 

38.5 

-1.3 

21.17 _ 

37.0 

38.5 

-1.5 

21.08 _ 

36.9 

38.4 

-1.5 

21.10 _ 

36.9 

38.2 

-1.3 

Average., 

±0.9 

The  performance  of  the  apparatus  has  been  in¬ 
vestigated  to  determine  the  accuracy  and  the  usable  A.s  the  precision  and  accuracv  of  the  apparatus 
temperature  and  humidity  ranges.  The  gravimetric  is  to  a  large  extent  a  function  of  the  precision  and 
method  of  moisture  determination  (see  footnote  4)  accuracy  of  the  temperature  regulation  and  measure- 
was  used  to  give  an  independent  check  on  the  rela-  ment  of  the  test  chambers  and  saturators,  these 
tive  humidity  produced  by  the  apparatus  for  various  temperatures  must  be^  adequately  controlled  and 
saturator  and  test-chamber  temperatures  and  vari-  suitably  measured.  1  emperatures  are  measured 


574278  0  -  61  -50 


777/360 


with  calibrated  copper-constantan  thermocouples 
and  a  precision  potentiometer  to  a  precision  of 
0.0 1  deg  C.  Because  of  the  fair  size  of  the  liquid 
bath,  bimetallic  regulation  is  adequate  for  main¬ 
taining  saturation  temperatures  constant  to  ±0.02 
deg  C  over  time  intervals  of  1  hour  and  constant  to 
±0.1  deg  C  over  long  time  intervals.  The  ther¬ 
mistor-' W  lieatstone  bridge  circuit  maintains  test 
chamber  temperatures  constant  to  ±0.04  deg  C 
over  time  intervals  of  1  hour  and  constant  to  ±0.1 
deg  C  for  long  time  intervals. 

The  distribution  of  temperature  within  the  satu¬ 
rator  was  explored  by  means  of  thermocouples  lo¬ 
cated  at  the  inlet,  in  the  water,  and  at  the  outlet. 
The  temperature  of  the  air  emerging  from  the  satu¬ 
rator  is  within  ±0.04  deg  C  of  the  temperature  of 
the  air  entering  the  saturator;  the  temperature  of 
the  air  entering  the  saturator  is  within  ±0.06  deg 
C  of  the  temperature  of  the  water  in  the  saturator; 
and  the  temperature  of  the  air  emerging  from  the 
saturator  is  within  ±0.08  deg  C  of  the  temperature 
of  the  water.  These  temperature  differentials  may 
account  for  errors  of  ±  ^-percent  relative  humidity. 

The  difference  in  temperature  between  the  satu¬ 
rator  and  bath  was  also  investigated.  The  air 
entering  the  saturator  is  within  ±0.07  deg  C  of  the 
bath  temperature;  the  water  temperature  is  within 
±0.04  deg  C  of  the  bath  temperature;  and  the  air 
emerging  from  the  saturator  is  within  ±0.09  deg  C 
of  the  bath  temperature. 

Although  the  gas  pump  is  capable  of  producing 
very  high  rates  of  flow,  the  coupling  between  motor 
and  pump  is  set  to  allow  a  maximum  air  speed  of 
1,500  ft/min  in  the  test  chamber.  By  proper  ad¬ 
justment  of  the  bypass  valve,  any  lesser  air  speed 
is  obtainable. 

The  upper  relative  humidify  limit  is  determined 
by  the  saturation  temperature,  the  air  velocity  and 
the  efficiency  of  the  thermal  insulation  and  refluxing 
action  surrounding  the  test  chamber.  The  thermal 
leakage  through  the-  insulation  is  2.2  cal/min  for 
each  degree  centigrade  temperature  difference  be¬ 
tween  the  test  chamber  and  room.  The  maximum 
relative  humidities  that  may  be  obtained  with  air 
speeds  of  50  and  1,000  ft/min  for  various  saturator 
temperatures  and  with  the  apparatus  in  a  room  at 
30°  C  are  given  in  table  3.  It  is  apparent  that  at 
high  air  velocities,  the  thermal  leakage  does  not 
seriously  limit  the  relative  humidity  range.  At  very 
low  air  flows,  the  maximum  relative  humidity  ob- 

Table  3.  Computed  maximum  attainable  relative  humidities 


Saturator" 

temperature 

(°C) 

Maximum  relative  humid¬ 
ity  at  test-chamber  air 
velocity  of — 

50  ft/min. 

1,000  ft/min 

Percent 

Percent 

25 

95 

99 

15 

86 

99 

5 

t  i 

98 

-5 

64 

97 

-20 

49 

96 

tamable  is  seriously  limited,  especially  at  the  low 
saturator  temperatures.  Fortunately,  in  electric 
hygrometer  calibration  and  research,  high  air  speeds 
are  used  in  order  to  simulate  radiosonde  flights, 
hence  relative  humidities  sufficiently  high  for  all 
practical  purposes  can  be  obtained. 

For  any  test  chamber  temperature,  the  lowest 
attainable  relative  humidity  is  limited  by  the  lowest 
attainable  saturator  temperature,  which  is  about 
—  55°C.  It  is  possible  to  reduce  the  relative 
humidity  to  about  16  percent  at  a  test-chamber 
temperature  of  —  40°C,  and  to  lower  values  at 
higher  test-chamber  temperatures. 

The  saturator  temperature  must  not  be  permitted 
to  exceed  room  temperature,  for  then  there  is  a 
possibility  for  the  system  above  the  saturator  to 
assume  a  temperature  less  than  that  of  the  saturator 
with  resultant  condensation  of  water  vapor.  Equa¬ 
tion  2  then  would  no  longer  give  the  rela  tive  humidity 
in  the  apparatus. 

The  internal  diameter  of  the  test  chamber  is  1 
in.  Two  standard  radiosonde  electric  hygrometers 
(4  in. X 5/16  in.  X 1/32  in.)  can  be  inserted  into  the 
test  chamber.  If  all  four  channels  or  systems  of  the 
apparatus  are  operated  simultaneously,  then  eight 
elements  can  be  tested  at  one  time. 

The  ratio  of  the  absolute  pressures  in  the  test 
chamber  and  saturator,  Pt/P s,  used  in  eq  2,  varies 
somewhat  with  air  velocity  and  negligibly  with 
temperature.  Its  variation  with  velocity  may  be 
once  determined  and  then  applied  as  a  pressure  cor¬ 
rection.  This  correction  is  very  small,  and  except 
for  the  high  air  velocities  may  be  neglected  for  most 
work.  Even  for  an  air  velocity  of  1,000  ft/min,  the 
correction  is  only  of  the  order  of  0.6  percent  The 
pressure  ratio  corrections  are  shown  in  table  4. 

Table  4.  Pressure  ratio  corrections 


Air  speed 

Pressure  ratio 
corrections, 
Pt/P, 

ft/min 

0 

1.  0000 

100 

1.  0000 

200 

0.  9997 

400 

.9989 

600 

.  9978 

800 

.9962 

1,000 

.  9938 

V.  Discussion  and  Summary 

An  apparatus  particularly  suited  for  research  and 
calibration  of  electric  hygrometers  of  the  Dunmore 
type  has  been  designed,  developed,  and  constructed. 
It  operates  by  saturating  air  at  one  temperature  and 
then  raising  the  air  temperature  sufficiently  to  give 
any  desired  relative  humidity.  The  important  fea¬ 
ture  in  this  method  is  the  continuous  recirculation 
of  air  in  a  closed  system  and  the  use  of  a  simple  and 
efficient  centrifugal  saturator  that  can  be  used  below 
0°  C,  as  well  as  above.  Air  speeds  up  to  1,500 
ft/min  are  obtainable.  A  novel  switching  mecha¬ 
nism  is  utilized  for  giving  rapid  and  discrete  changes 
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in  relative  humidity.  This  switching  mechanism 
also  is  adaptable  for  giving  rapid  and  discrete 
changes  in  temperature.  ’ 

It  is  designed  to  operate  at  test-chamber  tempera¬ 
tures  above  0°  C,  but  may  readily  be  used  at  tem¬ 
peratures  as  low  as  —40°  C.  The  low  temperatures 
are  achieved,  however,  at  some  sacrifice  of  the  maxi¬ 
mum  attainable  relative  humidity.  For  most  of  the 
test-chamber  temperature  range,  practically  any 
desired  relative  humidity  may  be  produced  by  the 
apparatus. 

Independent  checks  on  the  performance  of  the  ap¬ 


paratus  by  means  of  the  gravimetric  method  of 
moisture  determination  and  the  psychrometric  meth¬ 
od  show  an  average  agreement  in  relative  humidity 
of  1.2  percent  as  measured  and  as  given  by  the  ap¬ 
paratus,  eq  2. 


The  author  gratefully  acknowledges  the  assistance 
of  R.  A.  Baum  of  the  Shop  Division  in  the  construc¬ 
tion  of  the  apparatus  and  of  E.  T.  Woolard  in  the 
experimental  work. 
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Divided  Flow,  Low-Temperature  Humidity 

Test  Apparatus 

By  Arnold  Wexler 


An  apparatus  is  described,  based  on  the  principle  of  divided  flow,  for  producing  air  of 
known  relative  humidity  at  temperatures  below  0°  C  with  an  average  error  of  3  percent. 
It  was  designed  primarily  for  testing  and  calibrating  at  low  temperature  the  electric-hygrom¬ 
eter  elements  used  in  radiosondes,  although  any  device  with  a  diameter  less  than  1%  in.  may 
be  inserted  into  the  test  chamber  of  the  apparatus.  It  is  capable  of  producing  rapid  and 
discrete  changes  in  relative  humidity  at  constant  temperature,  a  desirable  feature  for  study¬ 
ing  lag  characteristics.  It  is  provided  with  a  control  for  obtaining  any  air  velocity  up  to 
1 ,500  ft/min. 


I.  Introduction 

An  apparatus  has  been  developed  for  producing 
air  of  known  relative  humidity  at  temperatures 
from  0°  to  —40°  C.  The  primary  purpose  for 
building  this  apparatus  was  to  provide  a  means 
for  investigating  the  behavior  of  radiosonde  hy¬ 
grometers  at  low  temperatures,  especially  electric- 
hygrometer  elements  of  the  Dunmore  type.  In 
their  use,  on  radiosondes,  the  elements  are  sub¬ 
jected  to  rapidly  changing  humidity  conditions 
and  to  air  velocities  of  about  700  ft/min.  It  was 
felt  desirable  in  studying  and  calibrating  these 
elements  to  be  able  to  do  so  under  simulated 
conditions  of  use.  Therefore,  in  the  design  of 
the  apparatus,  provision  was  made  to  permit 
rapid  change  from  one  discrete  value  of  relative 
humidity  to  another,  and  a  device  was  incorpor¬ 
ated  for  controlling  the  velocity  of  the  air. 

II.  Theory 

The  method  utilized  for  producing  an  atmos¬ 
phere  of  known  relative  humidity  was  to  divide 
accurately  a  current  of  dry  air  into  two  streams, 
one  of  which  was  maintained  dry  and  the  other 
saturated  with  respect  to  ice,  and  then  to  recom¬ 
bine  the  two.  It  was  employed  by  Gluckauf *  2  in 

'  This  development  was  financially  supported  by  the  Bureau  of  Ships, 
Department  of  the  Navy. 

2  E.  Gluckauf,  Proc.  Phys.  Soc.  59,  344  (1947). 


an  investigation  on  absorption  hygrometers  and 
by  Walker  and  Ernst,  Jr.3  in  a  laboratory  setup 
for  preparing  constant  mixtures  of  air  and  water 
vapor.  Figure  1  is  a  simplified  schematic  diagram 
of  the  basic  components  of  the  apparatus  illustrat¬ 
ing  the  principle  of  operation.  By  means  of  the 
proportioning  valve,  V,  a  flow  of  moisture-free 
air  is  divided  into  two  parts  in  a  known  ratio. 
One  part  is  passed  through  the  saturator,  S,  over 
a  series  of  trays  containing  ice  until  it  is  completely 
saturated.  It  is  then  mixed  in  the  mixing  cham¬ 
ber,  CM,  with  the  other  part  that  has  been  main¬ 
tained  dry,  and  allowed* to  exhaust  through  the 
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Figure  1.  Simplified  schematic  diagram  illustrating  the 
principle  of  operation  of  the  humidity  apparatus. 


s  A.  C.  Walker  and  E.  J.  Erast,  Jr.,  Ind.  &  Eng.  Chem.  Anal.  Ed.  2,  134 
(1930). 
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test  chamber,  CT,  into  the  atmosphere.  The 
saturator,  mixing  chamber,  and  test  chamber  are 
kept  immersed  in  a  constant  temperature  bath. 
In  order  to  subject  a  hygrometer  or  other  device 
to  air  of  known  and  constant  relative  humidity, 
it  is  inserted  into  the  test  chamber,  CT. 

The  relative  humidity  in  the  test  chamber  is  a 
function  of  (a)  the  fraction  of  air  that  passes 
through  the  saturator,  (b)  the  total  pressure  in 
the  saturator,  (c)  the  total  pressure  in  the  test 
chamber,  (d)  the  saturation  pressure,  and  (e) 
the  partial  pressure  of  the  water  vapor  in  the  test 
chamber.  Under  ideal  conditions,  which  the 
apparatus  approaches  with  sufficient  closeness, 
all  variables  except  one  drop  out,  and  the  relative 
humidity  becomes  equal  to  the  fraction  of  air 
that  passes  through  the  saturator.  If  A'  is  the 
fraction  of  air  that  passes  through  the  saturator, 
Ms  is  the  ratio  by  weight  of  the  water  vapor  to 
the  dry  air  of  the  mixture  leaving  the  saturator, 
and  Wc  is  the  ratio  by  weight  of  the  water  vapor 
to  the  dry  air  of  the  mixture  passing  through  the 
test  chamber,  then 


WC=XWS.  *(1) 

From  Dalton’s  law  of  partial  pressures,  and 
assuming  the  perfect  gas  laws  apply,  it  follows 
that  for  an  air-water  vapor  mixture  the  ratio  by 
weight  W  of  the  water  vapor  to  the  weight  of  dry 
air  is 


Ma  P—p 


(2) 


where  Ma  and  Mw  are  the  molecular  weights 
respectively  of  air  and  water  vapor,  p  the  partial 
pressure  of  the  water  vapor  in  the  mixture  and  P 
the  total  pressure  of  the  mixture.  Substituting 
the  value  of  W  in  eq  2  into  eq  1  yields 


Y  (Ps  Vs)Vc 
—  (Pc-Pc)Ps' 


(3) 


Relative  humidity  is  defined  as  th£  ratio  of  the 
actual  vapor  pressure  to  the  saturation  pressure 
of  water.  The  relative  humidity,  H,  in  the  test 
chamber,  CT,  is  therefore 

H= (4) 
Vs 


Combining  eq  3  and  4  leads  to 

77_  X 

/  Ps _ ps\  Pc  (5) 

\Pc  Pc)  Pc  Pc 

If  the  pressure  drops  from  the  saturator  to  the 
test  chamber  and  from  there  to  the  atmosphere 
are  made  small,  then  PS  =  PC  =  PA,  the  atmospheric 
pressure.  At  0°  C,  Ps/Pc~Ps/Pa  =  0.006,  at  —  10°C 
it  equals  0.0025,  and  at  —20°  C  it  equals  0.001. 
Also  Pc/Pc—pc=PA/PA—pc,  where  pc  equals  or 
is  less  than  ps.  Therefore,  for  the  applicable  con¬ 
ditions  eq  5  reduces  without  significant  error  to 

H=X.  161 

III.  Description  of  Apparatus 

The  essential  functional  units  of  the  apparatus 
are  (a)  the  drying  system,  (b)  the  proportioning 
system,  (c)  the  humidifying  system,  (d)  the  mixing 
chamber,  (e)  the  test  chamber,  (f)  the  cooling  sys¬ 
tem,  and  (g)  the  thermo-regulating  system  for 
temperature  control.  Figure  2  schematically 
shows  these  functional  units  and  their  component 
parts. 

Air  is  supplied  to  the  drying  system  at  pressures 
from  70  to  90  psi.  Water  from  the  air  at  the 
supply  pressure  is  removed  by  freezing  in  the  dry 
ice-varsol  bath,  Cl,  in  which  the  temperature  is 
well  below  —70°  C.  The  vapor  pressure  of  the 
water  in  the  air  emerging  from  the  drying  system, 
upon  expansion  to  1  atmosphere,  is  probably  less 
than  0.0003  mm  Hg.  Particles  of  dirt,  ice,  or  oil 
are  caught  by  the  filter,  A8. 

The  dry  air  is  brought  to  room  temperature  by 
means  of  the  electric  heater,  A10,  is  reduced  and 
controlled  in  pressure  by  regulator,  A12,  and  then 
passes  through  the  proportioning  system.  The 
pressure  regulator  also  serves  to  control  the  speed 
of  air  in  the  test  chamber,  A25,  permitting  ad¬ 
justments  up  to  1,500  ft/min. 

The  proportioning  valve,  A15,  figure  2,  which 
divides  the  air  in  a  definite  ratio  consists  of  six 
orifices  of  equal  cross-sectional  area  so  arranged 
that  by  a  turn  of  the  knob  of  the  valve,  the  in¬ 
coming  air  can  be  divided  to  produce  any  of  seven 
ratios,  0,  1/6,  1/3,  1/2,  2/3,  5/6,  and  1.  These 
ratios  are  the  fractions  of  air  entering  the  valve 
that  emerge  through  one  of  the  exit  channels  of 
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VARSOL  CIRCULATING  SYSTEM  HUMIDIFYING  SYSTEM 


the  valve.  If  they  are  considered  to  apply  only  to 
that  part  of  the  air  that  subsequently  becomes 
saturated,  then  they  may  be  used  as  the  values  of 
X  in  eq  5  and  6.  To  assure  that  the  air  will  divide 
in  accordance  with  one  of  these  given  fixed  ratios, 
the  downstream  pressures  must  be  equalized. 
To  achieve  this,  the  differential  mercury  manome¬ 
ter,  A16,  and  the  two  variable  resistances  (pres¬ 
sure  equalization  valves),  A18  and  A19,  are 
installed. 

The  construction  of,  and  the  flow  of  air  through, 
the  proportioning  valve  are  shown  in  figures  3  and 
4.  Essentially  the  valve,  A15,  consists  of  a  brass 
base,  B,  a  brass  top,  •T,  t  steel  orifice  plate,  P,  and 
a  Bakelite  knob,  K.  The  incoming  air  enters  the 
valve  through  a  central  hole  in  the  base,  B,  con¬ 
tinues  through  two  3/1 6-in.  diameter  holes  in  the 


Figure  3.  Cross-sectional  view  of  the  'proportioning  valve 
showing  the  flow  of  air. 

B,  Brass  base;  T,  brass  top;  P,  steel  orifice  plate;  K,  Bakelite  knob;  0,  air 
outlet;  S,  steel  shaft;  N,  steel  packing  nut. 


midsection  of  the  orifice  plate,  P,  strikes  the  top, 
T,  reverses  its  flow  and  again  passes  through  the 
steel  orifice  plate,  P,  this  time  through  sLx  1-mm 
diameter  orifices,  and  exits  in  two  streams  from 
the  base,  B.  The  base,  B,  has  two  circular 
grooves  on  a  l}{  in.  diameter,  3/16-in.  wide,  %  in. 
deep  and  separated  %  in.  at  the  ends.  Each  groove 
is  connected  to  an  outlet,  0.  The  orifice  plate,  P, 
rests  on  the  base,  B,  in  such  a  fashion  that  the 
orifices  communicate  with  either  or  both  grooves, 
depending  upon  the  angular  position  of  the  plate, 
P,  with  respect  to  the  base,  B.  The  surfaces  of 
contact  between  the  plate,  P,  and  base,  B,  are 
ground  and  lapped  and  coated  with  a  thin  film  of 
stopcock  grease  to  provide  a  leaktight  but  rotat¬ 
able  joint.  By  means  of  a  steel  shaft,  S,  that 
connects  the  orifice  plate,  P,  to  the  Bakelite  knob, 
K,  through  the  valve  top,  T,  and  a  steel  packing 
nut,  N,  that  seals  the  shaft,  S,  in  the  top,  T,  the 
orifice  plate,  P,  can  be  rotated  to  any  one  of  the 
seven  possible  settings.  Upon  turning  the  knob,- 
K,  two  spring  actuated  snap  pins,  Q,  in  the  knob, 
K,  click  and  seat  in  a  series  of  holes  on  the  outer 
surface  of  the  valve  top,  T,  corresponding  to  the 
seven  desired  positions  of  the  orifice  plate,  P,  with 
respect  to  the  valve  base,  B. 

The  two  air  streams,  upon  leaving  the  propor¬ 
tioning  system,  flow  through  the  humidifying  sys¬ 
tem  in  parallel  channels,  thermally  in  contact  with 
one  another  to  allow  heat  interchange  and  tem¬ 
perature  equilibrium  between  the  two  streams  to 
be  achieved  and  maintained.  Saturation  is  ac- 


Figure  4.  Essential  parts  of  the  proportioning  valve. 

B,  Brass  base;  P,  steel  orifice  plate;  S,  steel  shaft;  T,  brass  top;  N,  steel  packing  nut;  K,  Bakelite  knob;  Q,  spring-actuated  snap  pin;  C,  steel  pin  for  fastening 

it  to  S. 
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complished  in  four  stages.  The  air  to  be  humidi¬ 
fied  is  first  brought  to  ambient  'temperature  in  a 
precooler,  A20,  figure  2.  It  then  passes  through 
three  saturators,  A21 ,  A22,  and  A23.  The  pre¬ 
cooler,  A20,  consists  of  staggered  shelves,  one 
series  for  each  of  the  two  currents  of  air.  Each 
series  is  pneumatically  isolated  from,  but  in  ther¬ 
mal  contact  with,  the  other.  The  saturators  are 
similarly  built,  except  that  trays  replace  one  series 
of  shelves.  The  trays  can  be  filled  with  water 
and  the  water  frozen.  Thus,  in  the  saturator, 
in  one  channel  air  passes  over  trays  of  ice  and  in 
the  parallel  adjoining  channel,  air  passes  over 
shelves.  From  the  final  saturator,  A23,  the 
saturated  air  and  the  dry  air  are  centrifugally 
mixed  in  the  mixing  chamber,  A24,  and  dis¬ 
charged  into  the  atmosphere  through  the  test 
chamber,  A25. 

The  humidifying  system,  the  mixing  chamber, 
A24,  and  the  test  chamber,  A25,  are  immersed 
in  a  varsol  bath,  C2,  whose  temperature  is  closely 
regulated.  This  is  done  by  circulating  the  varsol 
of  the  bath  through  cooling  coils.  Cl 4,  immersed 
in  dry  ice.  The  bimetal  thermoregulator,  Q8, 
through  the  relay,  CIO ,  controls  the  heater,  Cll, 
to  keep  the  bath  termperature  at  any  desired 
value.  The  bath,  C2,  is  actively  agitated.  As 
an  aid  in  averaging  and  stabilizing  the  variations 
of  the  bath  temperature,  the  intermediate  and 
final  saturators,  A22  and  A23 ,  the  mixing  chamber, 
A24,  and  the  test  chamber,  A25,  are  encased  in 
the  copper  shield  box,  Cl 3,  to  provide  a  unit  of 
high  heat  content  that,  assumes  the  mean  tempera¬ 
ture  of  the  bath.  The  shield  box,  Cl 3,  keeps 
varsol  away  from  direct  contact  with  the  enclosed 
components. 

The  thermoregulating  system  is  capable  of 
controlling  the  temperature  of  the  humidifying 
system  to  =[-0.05°  down  to  —15°  C,  to  ±0.1° 
down  to  —30°  C  and  to  ±0.2°  down  to  —40°  C 
for  runs  up  to  10-hr  duration.  For  short  periods 
of  time  of  ){  to  1  hr,  the  temperature  can  be 
maintained  to  ±0.02°  C.  Calibrated  copper- 
constantan  thermocouples  and  a  precision  poten¬ 
tiometer  are  used  for  measuring  the  temperature 
in  the  apparatus  with  an  accuracy  of  ±0.02°  C. 

Measurements  of  the  temperatures  at  the 
inlets  and  outlets  in  the  final  saturator,  A23,  under 
various  conditions,  indicate  that  at  the  inlets  the 
two  air  streams  are  on  the  average  within  0.07°  C 
of  one  another,  and  at  the  outlets  they  are  on  the 


average  within  0.02°  C  of  one  another.  In  the 
humidifying  side  of  the  final  -  saturator,  A23,  the 
inlet  and  exit  temperatures  are  on  the  average 
within  0.03°  C  of  each  other.  The  temperature 
in  the  test  chamber  is  on  the  average  0.08°  C 
warmer  than  the  air  emerging  from  the  final 
saturator,  A23. 

Since  no  further  saturation  can  occur  subsequent 
to  the  exit  of  the  air  from  the  final  saturator, 
A23,  the  pressure  at  the  exit  may  therefore  be 
considered  as  the  Ps  of  eq  5.  The  ■  difference 
between  Ps  and  atmospheric  pressure,  PA,  for 
various  test  chamber  air  velocities,  is  shown  in 
the  curve  of  figure  5.  At  an  air  velocity 


0  500  1000 


VELOCITY  FT/  MIN 

Figure  5.  Difference  in  pressure  between  the  exit  of  the 
final  saturator ,  Ps,  and  atmospheric  pressure,  PA,  for 
various  test  chamber  air  velocities. 

of  525  ft/min,  the  assumption  that  PS=PA 
introduces  an  error  in  H  of  0.4  percent,  at  850 
ft/min,  the  error  is  1.2  percent,  and  at  1,140  ft/min, 
the  error  becomes  2.5  percent.  If  eq  5  instead  of 
eq  6  is  used  for  calculating  the  relative  humidity 
produced  by  the  apparatus,  these  errors  are 
avoided. 
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IV.  Calibration 

1.  Theory 

In  order-to  check  the  over-all  performance  of  the 
apparatus,  a  series  of  tests  was  made  to  compare 
the  actual  humidity  it  produces  with  the  humidity 
given  by  eq  6.  The  gravimetric  method  of  mois¬ 
ture  determination  was  selected  as  the  means  for 
measuring  the  water  vapor  content  of  the  air  in 
the  test  chamber  under  operating  conditions.  By 
definition,  the  relative  humidity  in  the  test 
chamber  is 

(7) 

t*  sw 

where  pw  is  the  partial  pressure  of  the  water  vapor 
in  the  air,  and  psw  is  the  saturation  pressure  of  the 
water  vapor.  Assuming  that  air  and  water  vapor 
from  room  temperature  to  —60°  C  and  at  a  pres¬ 
sure  of  1  atmosphere  obey  Dalton’s  law  of  partial 
pressures  and  the  perfect  gas  law,  then 

PaJrPw=Pc ,  (8) 

VwV=WwRTc'  (9) 

and 

v‘v=Wa  RTc’  (10) 

where  pa  is  the  partial  pressure  and  Pc  is  the  total 
pressure  of  the  air  in  the  test  chamber,  V  is  the 
volume,  mw  and  ma  are  the  weights  of  water  and 
air  respectively  in  volume  V,  Mw  and  Ma  are  the 
molecular  weights  of  water  and  air,  B  is  the  uni¬ 


versal  gas  constant,  and  Tc  is  the  absolute  tem¬ 
perature  in  the  test  chamber. 

Since  the  air  in  the  air-water-vapor  mixture  from 
the  test-chamber  exhausts  with  negligible  pressure 
drop  into  the  atmosphere,  then  PC  =  PA,  where  PA 
is  atmospheric  pressure.  Dividing  eq  9  by  eq  10 
and  substituting  into  eq  8  yields 

P 4 

P'°~1  maMw  (11) 

‘  mwMa 

If,  from  a  sample  of  air  taken  from  the  test 
chamber,  the  weight  of  water  vapor  and  air  be 
determined  and  the  pressure  measured,  the  partial 
pressure  of  the  water  vapor  could  easily  be  calcu¬ 
lated  using  eq  11,  and  the  relative  humidity  would 
follow  from  eq  7.  Figure  6  is  a  schematic  dia¬ 
gram  of  the  setup  used  for  obtaining  ma ,  mw,  and 
PA.  A  glass  probe  was  inserted  into  the  test 
chamber  and  a  sample  of  air  withdrawn.  The 
water  vapor  was  removed  from  the  sample  by 
passing  it  through  an  absorption  tube  containing 
phosphorous  pentoxide  and  accurately  weighed. 
The  volume,  pressure,  and  temperature  of  the 
same  sample  of  air  were  measured,  and  from  these 
data  ma  was  obtained. 

Now 

ma=Vada,  (12) 

where  da  is  the  density  of  dry  air  at  the  pressure 
and  temperature  of  Va,  the  volume  of  dry  air. 
In  this  particular  setup,  Va  was  measured  by  a 
laboratory  wet  gas  meter  at  a  temperature  tg. 


Figure  6.  Diagram  of  gravimetric  calibration  setup. 
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This  gasmeter  completely  saturates  the  air  passing- 
through  it  so  that  the  partial  pressure  of  the  dry 
air  in  the  gasmeter  is  given  by  PB—pg—\l2Ap, 
where  PB  is  the  pressure  at  the  inlet  to  the  gas 
meter,  pg  is  the  saturation  pressure  of  water  vapor 
at  the  temperature,  tg,  of  the  air  in  the  gas  meter, 
and  A p  is  the  pressure  drop  across  the  gas  meter. 
The  weight  of  the  dry  air  in  the  sample,  in  terms 
of  observable  data  and  the  density  of  dry  air 
under  standard  conditions,  becomes 

m  Va(PB  —  Vg—  1/2A  p)  (0.00 1293)  (273.1) 

760(273.1  +tg)  {  ’ 

Substituting  from  eq  13  and  11  into  eq  7  yields 
the  desired  expression  for  the  relative  humidity  in 
the  test  chamber  in  terms  of  known  and  measur¬ 
able  quantities 

]J  = _ Pa/Psw _  ( 1 4q 

I  Ya(Pi}—pfi~  l/2Ap)  (0.00028898)  v  ; 
vnw(2 t 3.1-Hg) 

With  the  proportioning  valve  set  to  produce  a 
relative  humidity  of  100  percent,  and  the  pressure 
regulator  adjusted  to  give  an  air  velocity  in  the  test 
chamber  of  525  ft/min,  a  number  of  gravimetric 
determinations  was  made  in  the  temperature 
range  of  —10°  to  —40°  C.  Then  with  the  air 
velocity  maintained  at  525  ft/min,  and  at  an 
ambient  temperature  of  —  10°C,  a  run  was  made 
at  each  setting  of  the  proportioning  valve. 
Finally,  at  an  ambient  temperature  of  —10°  C 
and  with  the  proportioning  valve  set  at  100  per¬ 
cent,  two  runs  were  made,  one  at  an  air  velocity 
of  850  ft/min  and  the  other  at  1,140  ft/min. 

2.  Procedure  and  Results 

In  making  a  gravimetric  determination,  the 
humidity  apparatus  was  set  into  operation  and 
brought  to  equilibrium  conditions.  The  sample 
of  air  was  withdrawn  by  the  glass  probe  at  the 
rate  of  1  liter  per  minute.  An  attempt  was  made 
to  collect  50  mg  of  water  vapor  in  the  absorption 
tube.  This  required  withdrawing  air  for  periods 
varying  from  /  to  10  hr.  The  weight  of  the  water 
was  determined  with  an  accuracy  of  /  to  1  percent. 

For  the  duration  of  the  run,  frequent  readings 
were  made  at  equal  time  intervals  of  the  tempera¬ 
tures  and  pressures.  The  pressure,  PB,  at  the  in¬ 
let  of  the  gas  meter  was  determined  with  an  ac¬ 
curacy  of  ±0.2  mm  Hg  and  the  atmospheric  pres¬ 


sure,  PA,  was  determined  with  an  accuracy  of 
±0.1  mm  Hg,  both  by  means  of  precision  aneroid 
barometers.  A  mercury-in-glass  thermometer,  ac¬ 
curate  to  0.1  deg,  gave  the  temperature.,  /g,  of  the 
air  in  the  gas  meter.  A  water  manometer  that 
could  easily  be  read  to  /  mm  or  better  was  used 
to  obtain  the  pressure  drop,  A p,  across  the  gas 
meter. 

The  results  of  these  determinations  are  given  in 
table  1,  based  upon  the  saturation  pressures  with 
respect  to  ice  presented  in  the  Smithsonian  Tables,4 
in  Warmetabellen,5  and  in  Goff’s  table.6  It  is  esti¬ 
mated  that  the  vapor  pressures  have  been  gravi- 
metrically  determined  with  an  accuracy  of  1  to  2 
percent.  The  difference,  D,  without  regard  to 
sign,  between  each  test  result  and  the  setting  of 
the  proportioning  valve  is  also  given.  The  differ¬ 
ences  depend  upon  the  vapor  pressure  tables  used 
in  the  computation.  The  best  agreement  between 
the  gravimetric  determinations  and  the  valve 
settings  of  the  humidity  apparatus  is  obtained  by 
utilizing  the  Warmetabellen  values  of  vapor  pres- 


Table  1.  Gravimetric  calibration 


Run 

num¬ 

ber 

Satura¬ 

tion 

temper¬ 

ature 

Air 

veloc¬ 

ity 

Pro- 

por- 

tion- 

ing 

valve 

set¬ 

ting 

Relative  humidity 

Smithso¬ 

nian 

Warmeta¬ 

bellen 

Goff 

Result 

D 

Result 

D 

Result 

D 

°  C 

fl/min 

% 

% 

% 

% 

% 

% 

% 

1 

-10.  30 

525 

100 

100.6 

0.6 

101.6 

1.6 

101.5 

1.5 

8 

-11.09 

525 

100 

97.3 

2.  7 

98.  2 

1.8 

98. 1 

1.9 

9 

-11.01 

525 

100 

94.9 

5.  1 

95.8 

4.  2 

95.7 

4.3 

10 

-11.30 

525 

100 

94.  1 

5.9 

95.0 

5.0 

94.9 

5.  1 

la 

-14.  57 

525 

100 

98.9 

1.  1 

100.0 

0.0 

100.0 

0.0 

5 

-28.  65 

525 

100 

96.6 

3.4 

99. 1 

.9 

97.6 

2.4 

6 

-28.  61 

525 

100 

98.0 

2.0 

100.3 

.3 

99.  1 

0.9 

7 

- 10.  94 

525 

ioo 

94.4 

5.6 

99.6 

.4 

94.4 

5.6 

11 

-39.  77 

525 

100 

96.0 

4.0 

99.  1 

.9 

96  3 

3.7 

2 

-10.  30 

525 

83.  3 

81.  3 

2.0 

82.2 

1.  1 

82.0 

1.3 

3 

-10.  10 

525 

66.  7 

63  3 

3.  4 

63.9 

2.8 

63.8 

2.9 

4 

-10.  02 

525 

50.0 

49.  7 

0.3 

50.  2 

0.  2 

50.  2 

0.2 

12 

-10.  50 

525 

33  3 

32.9 

.  4 

33  2 

.  1 

33.2 

.  1 

13 

- 10.  48 

525 

16.7 

15.  4 

1.  3 

15.  5 

1.  2 

15.5 

1.  2 

14 

-10.01 

525 

0 

0.  4 

0.  4 

0.  4 

0.4 

0.4 

0.4 

15 

-10.  36 

850 

100 

94.2 

5.8 

95.6 

4.  4 

95.  5 

4.5 

10 

-10.  75 

1,  140 

100 

102.3 

2.3 

103.  3 

3.3 

104.  6 

4.6 

lb 

-14.42 

525 

66.  7 

64.  2 

2  5 

64.9 

1.8 

64.9 

1.8 

Avg. . 

— 

— 

— 

2.  7 

1.  7 

2  4 

*  Smithsonian  Meteorological  Tables,  5th  ed.  (1939). 
s  L.  Holborn,  K.  Scheel,  and  F.  Henning,  Warmetabellen  der  Physikaliseh- 
Technischen  Reichsanstalt  (1919). 

6  John  A.  Goff,  ASHVE  Journal  Section;  Heating,  piping,  and  air  con¬ 
ditioning,  355  (June  1945). 
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sure.  The  average  difference  between  the  valve 
settings  and  the  test  results  for  the  temperature 
range  of  —10°  to  —40°  C  and  for  air  velocities 
up  to  1,140  ft/min,  based  on  the  Warmetabellen 
is  1.7  percent,  on  Goff’s  table  is  2.4  percent,  and 
on  the  Smithsonian  tables  is  2.6  percent.  These 
results  show  that  the  humidity  apparatus,  over 
the  temperature  and  velocity  ranges  tested,  pro¬ 
duced  air  having  a  relative  humidity  that  aver¬ 
aged  within  3  percent  of  the  orifice  ratio  setting 
of  the  proportioning  valve. 

V.  Discussion 

This  apparatus  is  particularly  suited  for  the 
investigation  and  calibration  of  hygrometers,  psy- 
chrometers,  and  dewpoint  apparatus  at  tempera¬ 
tures  below  0°  C.  The  rotation  of  the  propor¬ 
tioning  valve  and  the  adjustment  of  the  pressure 
equalization  valves  are  the  only  operations  neces¬ 
sary  for  changing  the  relative  humidity.  The 
time  involved  is  usually  a  matter  of  1  or  2  seconds. 
This  readily  permits  any  device  under  test  to  be 
subjected  to  a  sudden  discontinuous  change  in 
relative  humidity,  a  desirable  advantage  in  the 
study  of  lag  characteristics.  The  air  velocity  in 
the  test  chamber  can  easily  be  adjusted  to  any 
value  up  to  1,500  ft/min  within  several  seconds 
by  adjusting  the  pressure  regulator.  The  size 
of  an  object  that  can  be  tested  is  limited  by  the 
inside  diameter  of  the  test  chamber,  which  is  1  % 
in.  For  applications  where  high  air  velocities 


are  not  necessary,  the  diameter  of  the  test  chamber 
may  be  increased  to  allow  larger  devices  to  be 
inserted. 

There  is  no  provision  in  the  apparatus  for  intro¬ 
ducing  discrete  and  rapid  changes  in  ambient 
temperature.  To  change  the  ambient  temperature 
may  require  up  to  an  hour  to  reach  equilibrium 
conditions. 

There  are  two  ways  in  which  this  apparatus  may 
be  used  to  produce  known  dewpoints.  If  the  pro¬ 
portioning  valve  is  set  to  100,  then  the  emerging 
air  will  have  a  dewpoint  equal  to  the  test  chamber 
temperature,  or,  more  closely,  to  the  temperature 
of  the  air  in  the  final  saturator.  A  change  in  dew¬ 
point  is  made  by  altering  the  bath  temperature. 
On  the  other  hand,  if  recourse  to  standard  vapor- 
pressure  tables  and  eq  4  is  made,  then  for  any  given 
bath  temperature,  several  vapor  pressures,  equiva¬ 
lent  to  dewpoints  at  temperatures  below  that  of 
the  bath,  are  obtainable  by  rotation  of  the  propor¬ 
tioning  valve.  The  dewpoints  thus  obtained  may 
have  an  average  error  of  0.3  deg  C  based  on  an 
average  error  in  the  humidity  of  3  percent. 


The  author  thanks  R.  B.  Ivennard,  for  designing 
the  proportioning  valve  and  preliminary  models, 
and  E.  G.  Clarke  for  constructing  some  of  the 
units,  especially  the  saturators. 

Washington,  March  3,  1948. 
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Pressure-Humidity  Apparatus' 

Arnold  Wexler  and  Raymond  D.  Daniels,  Jr. 


An  apparatus  for  producing  atmospheres  of  known  relative  humidity,  based  on  the 
“two-pressure  principle”,  is  described.  It  has  a  working  space  (test  chamber)  of  1  cubic 
foot,  in  which  the  relative  humidity  may  be  varied  and  controlled  from  10  to  98  percent,  the 
temperature  from  —40°  to  +40°  C,  the  air  flow  up  to  150  liters  per  minute,  and  the  test- 
chamber  pressure  from  J4  to  2  atmospheres.  The  humidity  in  the  test  chamber  may  be  set 
and  maintained  to  an  accuracy  of  at  least  of  1-percent  relative  humidity. 


1.  Introduction 


The  pressure-humidity  equipment  is  a  laboratory 
apparatus  for  producing  atmospheres  of  known  re¬ 
lative  humidity  by  control  of  the  pressure  in  the  test 
chamber  of  air  saturated  at  a  higher  pressure.  As 
this  apparatus  was  developed  primarily  for  hy¬ 
grometer  research  and  calibration,  especially  on 
electric  hygrometer  elements,  which,  during  use,  are 
subjected  to  a  wide  temperature  range,  it  was  essential 
that  the  temperature  of  the  working  space  should  be 
adequately  controlled  and  maintained  at  any  desired 
value  from  —40°  to  +40°  C.  Futhermore,  it  was 
desirable  that  any  relative  humidity,  from  10  to  98 
percent,  should  be  conveniently  produced  and  that  a 
change  could  be  made  rapidly  from  any  one  value  of 
relative  humidity  to  any  other  value.  Finally,  it 
was  also  desirable  to  have  a  means  of  varying  the  rate 
of  air  flow  through  the  working  space,  selected  to 
have  a  volume  of  about  1  ft3. 

An  apparatus  has  been  developed  that  successfully 
meets  the  above  requirements.  It  operates  on  what 
may  be  called  the  “two-pressure  principle.”  Basi¬ 
cally,  the  method,  shown  in  elemental  schematic  form 
in  figure  1,  involves  saturating  air,  or  any  gas,  with 
water  vapor  at  a  high  pressure  and  then  expanding 
the  gas  to  a  lower  pressure.  If  the  temperature  is 
held  constant  during  saturation  and  upon  expansion, 
and  the  perfect  gas  laws  are  assumed  to  be  obeyed, 
then  the  relative  humidity,  RH,  at  the  lower  pressure, 
Pi,  will  be  the  ratio  of  the  absolute  values  of  the 
lower  pressure,  Pt,  to  the  higher  pressure,  Ps,  that  is, 
RH—100XPt/Ps. 

Water  vapor-air  mixtures  depart  from  ideal  gas 
behavior,  so  that  the  simple  pressure  ratio  does  not 
strickly  define  the  relative  humidity.  Weaver  2  3 
has  shown  that  an  empirical  equation  of  the  form 


RH=  100x4' 

*  s 


(1  -KPt) 
a -KPsy 


where  the  constant  K  has  a  value  of  0.00017  when 
the  pressure  is  expressed  in  pounds  per  square  inch, 
more  closely  yields  the  true  relative  humidity.  The 
magnitude  of  the  correction  introduced  by  the  term 


1  The  development  of  this  apparatus  was  sponsored  by  the  Aerology  Branch 
of  the  Bureau  of  Aeronautics. 

1  E.  R.  Weaver,  and  R.  Riley,  .1.  Research  NBS  40,  169  (1948)  RP1865. 

>  E.  R.  Weaver,  Anal.  Chem.  23,  107G  (1951). 


(l  —  KPt)/(l  —  KPs)  is  shown  in  table  1  for  the 
applicable  range  of  test-chamber  pressures  (%  to  2 
atm)  and  relative  humidities  (10  to  100%).  With  at¬ 
mospheric  pressure  in  the  test  chamber  the  maximum 
error  does  not  exceed  ){  of  1 -percent  relative 
humidity  and  hence,  for  most  work,  may  be  neglected. 
Even  at  a  test-chamber  pressure  of  2  atm,  the 
maximum  error  is  less  than  0.5-percentrelative  humid¬ 
ity.  For  very  precise  work,  it  is  preferable  to  use 
the  empirical  equation. 

Table  1.  Error  due  to  nonideal  behavior  of  water-vapor— air 

mixtures 


Test- 

chamber 

pressure 

Relative  humidity,  percent 

100 

80 

60 

40 

20 

10 

Error  in  relative  humidity,  percent 

of-s  aim 
H 

1 

2 

0 

0 

0 

0. 02 
.05 
.10 

0. 05 
.10 
.20 

0. 09 
.15 
.30 

0.10 

.20 

.41 

0.11 

.23 

.47 

The  pressure  method  was  developed  by  Weaver 
and  Riley  (see  footnote  2)  for  the  calibration  of 
electrically  conducting  hygroscopic  films  used  in  the 
measurement  of  water  vapor  in  gases.  Their  equip¬ 
ment  was  designed  for  low  rates  of  gas  flow  and  was 
used-  under  ambient  room-temperature  conditions. 


Figure  1.  Simplified  schematic  drawing  of  the  principle  of 
operation  of  the  pressure-humidity  apparatus. 

A,  high-pressure  air  source;  B,  pressure  regulator;  C,  saturator;  D,  pressure 
gage;  E,  expansion  valve;  F,  test  chamber;  G,  pressure  gage;  H,  exhaust  valve; 
I.  atmosphere  or  vacuum  source;  J,  constant-temperature  bath. 
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Their  saturator  was  a  small  cylinder,  containing 
water  and  filled  with  fragments  of  pumice  or  stream- 
washed  gravel  through  which  the  gas  could  be 
bubbled  under  pressure. 

2.  Description  of  Apparatus 

The  apparatus  is  shown  in  block  diagram  in  figure 
2  and  schematically  in  figure  3.  It  consists,  essen¬ 
tially,  of  the  following  functional  components,  through 
which  air  flows  continuously:  A  high-pressure  air 
source,  a  low-temperature  drying  system,  a  filtering 
system,  a  warm-up  unit,  a  pressure  regulator,  a 
humidifying  system,  an  expansion  valve,  a  test 
chamber,  and  an  exhaust  control  system. 

Air  is  supplied  from  a  250-psig  reciprocating 
compressor,  Al,  figure  3,  capable  of  delivering  5 
ft3/min  of  free  air  at  room  temperature.  This  air 
is  filtered  (A2)  to  remove  pipe  scale,  dirt,  dust,  or 
other  solid  material,  and  is  then  introduced  into  the 
drying  system  (fig.  4). 

Water  from  the  air  at  the  supply  pressure  is 
removed  by  freezing  in  a  train  of  four  drying  units 
immersed  in  a  bath,  D,  containing  a  mixture  of  dry 
ice  and  Stoddard  solvent.  The  first  two  units,  AJ+ 
and  A5,  are  large-capacity  centrifugal  water  sep¬ 
arators.  These  are  followed  by  a  copper  coil,  A6, 
and  a  baffle  dryer,  A7.  Particles  of  snow  or  ice  and 
droplets  of  oil  (from  the  compressor)  are  caught  by 
a  filter,  A8,  which  is  maintained  immersed  in  the 
same  low-temperature  bath,  D. 

The  air  emerges  from  the  dryer  at  about  —78°  C. 
It  is  then  heated  in  the  warm-up  unit  to  a  tempera¬ 
ture  somewhat  greater  than  that  being  maintained 
in  the  thermostatted  liquid  bath,  B.  The  warm-up 
unit  consists  of  an  electric  heater,  A9,  that  is  con¬ 
trolled  by  a  thermoregulator,  A10.  Two  pressure 
regulators,  A13,  and  A14,  in  series  reduce  the  pres¬ 
sure  and  maintain  it  constant  in  the  hymidifying 
system. 

Saturation  is  accomplished  in  four  stages.  The 
air  is  first  passed  through  the  external  gross  satura¬ 
tor,  A15,  which  is  kept  at  a  higher  temperature  than 
the  bath,  B,  and  then  through  the  three  bath  satu¬ 
rators,  A18,  A20,  and  A22.  The  gross  saturator, 
because  of  its  higher  temperature,  introduces  water 
vapor  in  excess  of  that  required  for  complete  satura¬ 
tion  at  bath  temperature.  The  combination  of 


Figube  2.  Block  diagram  of  the  -pressure-humidity  apparatus. 


heat  exchangers  A17,  A19,  and  A21  and  centrigfugal 
saturators  A18,  A20,  and  A22  precipitates  this  excess 
water  vapor  so  that  just  complete  saturation  is 
obtained  in  the  final  saturator,  A22.  The  bath 
saturators  and  heat  exchangers  are  shown  in  figure  5. 

The  saturators  are  simple  in  design  and  function 
equally  well  below  as  well  as  above  the  freezing 
point  of  water.  They  are  similar  to  a  type  pre¬ 
viously  used  4  with  considerable  success.  Each 
saturator  consists  of  a  cylinder  to  which  water  is 
added  to  a  convenient  depth.  Air  is  discharged 
through  a  nozzle  into  the  chamber  above  the  water 
surface  and  tangential  to  the  vertical  walls  and  is 
exhausted  through  a  central  port  in  the  top.  The 
centrifugal  force  creates  a  whirlpool  action  that 
thoroughly  mixes  the  water  vapor  with  air.  Spray 
and  liquid  water  are  forced  to  the  walls  by  centrif¬ 
ugal  force,  so  there  is  little  tendency  for  liquid  water 


Figube  3.  Schematic  flow  diagram  of  the  pressure-humidity 

apparatus. 


Al,  high-pressure  shuice;  A2,  filter;  A3,  valve;  A4,  centrifugal  water  separator; 
A5,  centrifugal  water  separator;  A6,  copper  cooling  coil;  A7,  fin  air  dryer;  A8, 
low-temperature  filter;  A9,  electric  heater;  A10,  bimetal  thermoregulator;  All, 
air  reversal  valve;  A12,  shut-off  valve;  A13,  pressure  regulator;  A14,  pressure  regu¬ 
lator;  A15,  external  gross  saturator;  A16,  resistance  thermometer  and  indicator; 
A17,  19,  21,  25,  copper  coil  heat  exchangers;  A18,  20,  22,  centrifugal  saturators; 
A23,  27,  pressure  gages;  A24,  expansion  valve;  A26,  test  chamber;  A28,  linear 
flowmeter;  A29,  exhaust  control  valve;  B,  insulated  liquid  (Stoddard  solvent, 
constant-temperature  bath;  D,  insulated  dry-ice  bath;  HI,  bimetal  thermoregu¬ 
lator;  H2,  electric  heater;  H3,  input  voltage;  Tl,  Stoddard  solvent  cooling  coil; 
T2,  positive  rotary  displacement  pump;  T3,  motor;  T4,  Stoddard  solvent  bypass 
valve;  T5,  Stoddard  solvent  control  valve;  T6,  centrifugal  stirrer;  T7,  constant 
electric  heater;  T8,  intermittent  electric  heater;  T9,  10,  thermistors;  VI,  vacuum 
source;  V2,  vacuum  shut-off  valve. 


*  Arnold  Wexler,  J.  Research  NBS  45,  357  (1950)  RP2146, 
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Figure  4.  Drying  system  and  Stoddard  solvent  cooling  coil. 


Figure  5.  Bath  saturators,  heat  exchangers,  and  test  chamber. 


to  emerge  through  the  exit  port.  A  multilayer  fine- 
wire  screen  baffle  is  used  at  the  exit  as  a  further  guard 
against  the  escape  of  liquid  water.  As  air  does  not 
bubble  through  the  water  but  only  passes  over  its 
exposed  surface,  the  water  may  be  frozen  without 
impairing  the  functioning  of  the  saturator. 

Upon  emerging  from  the  final  saturator,  A22, 
the  pressure  of  the  air  is  reduced  by  expansion 
valve  A24.  Because  a  temperature  drop  may  occur 
in  the  air  at  the  expansion  valve,  a  final  heat  ex¬ 
changer,  A25,  is  provided  for  bringing  the  air  to 
bath  temperature  before  it  enters  the  test  chamber, 
A26. 

The  working  space,  A26,  is  a  cylindrical  chamber 
having  a  nominal  volume  of  1  ft3.  It  is  shown  with 
the  cover  removed  in  figure  6.  Tubular  outlets 
extend  from  the  chamber  to  allow  electric  leads  to 
be  brought  in  and  out  of  the  working  space.  The 
air  discharges  from  the  chamber  into  a  linear  flow¬ 
meter,  A28,  and  then  through  an  exhaust  control 
valve,  A29,  into  a  vacuum  source  or  simply  into 


Figure  6.  Test  chamber  with  cover  removed. 


Figure  7.  Temperature  control  circuit. 


T,  Thermistor;  R,  precision  helical  rheostat;  B,  2254-v  battery;  S,  battery  switch; 
A,  microammeter;  G,  54  a  galvanometer  relay;  P,  input  from  pulsing  circuit;  F, 
fuse;  J,  power  relay;  E,  input  voltage  for  power  relay  coil;  H,  intermittent  bath 
heater;  V,  input  voltage  for  intermittent  heater;  L,  pilot  lamp. 


the  room  air.  The  chamber  is  suspended  from  a 
counterweight  system  so  that  it  can  be  easily  raised 
above  or  immersed  into  the  liquid  bath,  B.  A  length 
of  flexible  metal  hose,  between  the  test  chamber, 
A26,  and  the  final  heat  exchanger,  A25,  permits  the 
test  chamber  to  have  the  required  motion. 

The  saturation  pressure,  Ps,  is  measured  in  the 
final  saturator,  A22,  by  gage  A23,  and  the  test 
pressure  is  measured  in  the  test  chamber  by  gage  A27. 
These  measurements  are  made  with  high-precision 
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laboratory  test  gages  that  have  been  calibrated 
against  the  National  Bureau  of  Standards  pressure 
standards.  For  atmospheric  or  reduced  pressures, 
a  high-quality  calibrated  aneroid  barometer  is  used. 
From  atmospheric  pressure  up  to  2  atm,  a  mer¬ 
curial  manometer  is  employed.  The  higher  pressures 
are  determined  with  either  a  0-  to  50-psig  or  a  0-  to 
200-psig  Bourdon  tube  gage. 

The  temperature  of  the  liquid  bath,  B,  can  be 
adjusted  to  and  closely  regulated  at  any  temperature 
from  —40°  to  +40°  C  by  a  simple  on-off  thermo¬ 
statting  system.  Stoddard  solvent,  which  is  used  as 
the  bath  liquid  so  that  low  temperatures  may  be 
attained,  is  actively  agitated  by  a  centrifugal  stirrer, 
T6,  and  is  circulated  from  the  bath,  B,  by  a  positive 
rotary  displacement  pump,  T2,  through  a  copper 
coil,  Tl,  immersed  in  a  mixture  of  dry  ice  and 
Stoddard  solvent  in  bath  D  and  back  into  bath  B. 
By  proper  manual  setting  of  a  bypass  valve,  T4, 
and  a  control  valve,  T5,  the  rate  of  Stoddard  solvent 
flow  is  adjusted  so  that  the  bath  B  tends  to  cool 
slightly.  The  desired  bath  temperature  is  estab¬ 
lished  by  resistances  (coupled  helical  precision 
rheostats),  R,  in  a  Wheatstone  bridge  circuit,  figure  7. 
Thermistors,  T ,  with  temperature  coefficients  of  4 
percent/deg  C,  are  employed  as  the  temperature- 
sensitive  elements.  Any  cooling  .disturbs  the  bridge 
balance,  which  is  sensed  by  a  galvanometer  relay, 
G.  A  current  of  Km®  deflects  the  galvanometer 
pointer  against  a  magnetic  contact,  actuating  a 
power  relay,  P,  and,  in  turn,  intermittent  bath 
heater,  H.  The  operation  of  an  electromagnetic 
plunger  returns  the  pointer  to  a  sensing  position. 
If  the  bridge  is  unbalanced,  the  pointer  will  deflect 
and  again  throw  on  the  heater;  if  the  bridge  is  in 
balance,  the  pointer  will  remain  in  a  null  position. 
An  electronic  pulsing  circuit,  P,  periodically  triggers 
the  plunger  so  that  the  pointer  may  sense  the  bridge 
balance. 

3.  Operation  of  Apparatus 

The  method  of  operation  of  this  equipment  is 
simple.  The  instrument,  material,  or  device  under 
investigation  is  inserted  into  the  test  chamber,  the 
latter  closed  and  immersed  into  the  liquid  bath. 
Distilled  water  is  added  to  each  saturator  to  an 
appropriate  depth.  Solid  carbon  dioxide  is  then 
added  to  the  dry-ice  bath,  D.  The  temperature  of 
the  liquid  bath  is  brought  to  and  maintained  at  the 
desired  value.  Air  from  the  high-pressure  source  is 
allowed  to  pass  through  the  apparatus  and  the 
pressures  in  the  saturators  and  test  chamber  adjusted 
to  give  any  preselected  relative  humidity.  The 
thermoregulator  controlling  the  temperature  of  the 
air  passing  through  the  warm-up  unit  is  set  to  main¬ 
tain  a  temperature  in  the  external  saturator  several 
degrees  higher  than  in  the  liquid  bath.  When  ther¬ 
mal  equilibrium  had  been  established  in  the  com¬ 
ponents  in  the  liquid  bath,  the  pressure  ratio  indi¬ 
cates  the  correct  relative  humidity  in  the  test  cham¬ 
ber.  Changing  the  relative  humidity  primarily 
involves  adjusting  the  pressure  regulators  so  that 


they  will  maintain  a  new  pressure  in  the  saturators. 
To  maintain  a  constant  air  flow,  a  minor  adjustment 
of  the  expansion  valve  is  also  made. 

When  atmospheric  pressure  is  desired  in  the  test 
chamber,  the  air  emerging  from  the  chamber  is 
allowed  to  exhaust  directly  into  the  room.  Elevated 
pressures  in  the  chamber  are  obtained  by  throttling 
the  flow  from  the  chamber  by  means  of  the  exhaust 
control  valve,  A29,  figure  3.  Reduced  pressures  in 
the  chamber  are  achieved  by  attaching  a  vacuum 
source  to  the  exhaust  control  valve  and  adjusting 
the  valve  to  give  the  required  reduced  pressure. 

In  operating  below  freezing,  one  precaution  must 
be  observed.  The  level  of  the  water  in  each  satura¬ 
tor  must  be  kept  below  the  inlet  nozzle,  otherwise, 
on  freezing,  the  opening  will  be  sealed  by  ice. 

The  equipment  may  be  operated  continuously  for 
8  to  16  hr,  after  which  the  accumulated  water  in 
the  dryer  should  be  removed.  Failure  to  do  so  may 
result  in  clogging  of  the  dryer  by  ice  and  the  reduc¬ 
tion,  or  even  complete  stoppage,  of  air  flow. 

The  removal  of  water  from  the  dryer  is  accom¬ 
plished  in  two  steps.  First  the  dry  ice  bath  is 
raised  to  room  temperature  by  a  thermostat,  Hi, 
and  heater,  H2.  Then  suction  is  applied  by  vacuum 
source  VI  and  room  air  drawn  through  the  reversal 
valve,  All ,  and  dryer  until  all  the  water  has  been 
evaporated.  Overnight  operation  usually  suffices  to 
remove  most  of  the  water. 

4.  Performance  and  Accuracy 

The  psychrometric  and  dew-point  methods  of 
humidity  measurement  were  used  independently  to 
evaluate  the  accuracy  of  the  humidity  produced  by 
the  equipment.  A  thermocouple  wet-and-dry-bulb 
hygrometer  was  employed  over  a  wide  range  of 
relative  humidities  and  at  temperatures  from  0°  to 
30°  C.  A  dew-point  instrument  having  a  thermo¬ 
couple  embedded  just  below  the  surface  of  a  small 
in.  in  diameter)  mirror  for  temperature  measure¬ 
ment,  manually  controlled  heating  and  cooling  of  the 
mirror,  and  visual  observation  through  a  telescope 
for  dew  and  frost  detection,  was  constructed  and 
used  to  measure  dew  points  from  room  temperature 
down  to  —27°  C.  A  series  of  experiments  was  made 
in  which  the  relative  humidity  measured  by  the 
above  two  methods  was  compared  with  the  relative 
humidity  given  by  the  ratio  of  the  test-chamber 
pressure  to  the  saturator  pressure.  The  results  are 
shown  in  table  2.  The  average  difference  in  per¬ 
centage  of  relative  humidity  between  the  psychro- 
metrically  determined  values  and  the  apparatus 
values  given  by  the  pressure  ratio  is  ±0.4  percent, 
and  the  average  difference  in  percentage  of  relative 
humidity  between  the  value  determined  by  dew¬ 
point  measurement,  and  the  apparatus  value  given 
by  the  pressure  ratio  is  ±0.6  percent.  Similarly, 
the  algebraic  average  differences  are  —0.2  and  0.0 
respectively.  It  may  be  assumed  that  as  there  is 
no  marked  tendency  for  the  differences  to  be  either 
positive  or  negative,  the  air  passing  through  the 
saturators  emerges  neither  supersaturated  or  under¬ 
saturated. 
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Table  2.  Summary  of  calibration 


Difference  in  rela- 

Relative 

Relative  humidity 
measured  by — 

tive  humidity 
between  pressure- 

Nominal 

humidity 

humiditv  appa- 

Date  of 

ambient 

bath 

produced 
by  pres- 

ratus  and  — 

run 

temper- 

sure-hu- 

ature 

midity 

Dew- 

Dew- 

Psyehro- 

apparatus 

point 

hygrom- 

Psychrometer 

point 

measure- 

metric 

measure- 

eter 

ment 

ment 

°  C 

% 

% 

% 

% 

% 

96.  1 

.96.2 

-0.1 

90. 1 

91.1 

-1.0 

81.6 

82.3 

-0.7 

3-28-51 

23.  5 

74.4 

59.6 

—  - 

75.2 

59.7 

-.8 
-.  1 

50.  1 

50.5 

-.4 

38.0 

38.4 

-.4 

25. 1 

.... 

25.4 

-.3 

92.9 

92.4 

+.5 

79.8 

79.8 

.0 

3-28-51 

9.7 

61.0 

49.5 

.... 

61.0 

49.3 

.0 

+.2 

37.2 

37.0 

+■2 

24.6 

— 

24.2 

+.4 

92.6 

92.9 

-.3 

78.3 

78.6 

-.3 

3-28-51 

30.4 

59.6 

49.2 

.... 

59.7 

49.4 

-.1 

-.2 

37.0 

37.2 

-.2 

24.9 

... 

24.8 

+.1 

97.9 

96.7 

+1.2 

+0.1 

+1.7 

-0.5 

-.6 

88.8 

88.  7 

77.6 

77.4 

75.9 

4-6-51 

24.7 

77.9 

54.8 

36.9 

55.4 

37  3 

—  .4 

23.0 

23.9 

-.9 

— 

96.9 

97.0 

96.9 

-.1 

0.0 

90.6 

92. 1 

91.4 

-1.5 

— ,8 

4-16-51 

6  0 

77.9 

78.6 

78.5 

-0.7 

-.6 

57.7 

58.5 

58.2 

-.8 

-.5 

42.7 

42.9 

42.6 

-.2 

+.1 

96.2 

96.3 

94.7 

-.  1 

+1.5 

53.9 

54.7 

53.8 

-.8 

+0.1 

4-18-51 

6.0 

36,6 

36.6 

36.7 

.0 

-.1 

28.3 

28.4 

28.8 

-.1 

-.5 

23.2 

23. 1 

23.5 

+.1 

-.3 

|  96.8 

97.  1 

-.3 

4-19-51 

-4.8 

f  86.0 

86.  7 

—,7 

74.7 

74.7 

.0 

76.4 

75.  9 

+.5 
+.  1 
+.6 

4-24-51 

-9.6 

68.3 

68.2 

54.1 

53.5 

— 

96.3 

95.6 

+.7 
—  1.1 

88.0 

89.1 

4-25-51 

-19.8 

78.7 

78.2 

+0.5 

+1.4 

+1.1 

66.  4 

65.0 

56.7 

55.6 

Arithmetic 

avg _ 

±0.6 

±0.4 

Algebraic 

avg _ 

.0 

—.2 

The  relative-humidity  range  obtainable  is  limited 
by  the  range  of  ratios  of  test-chamber  pressure  to 
saturator  pressure.  The  maximum  saturator  pres¬ 
sure  that  can  be  employed  with  this  apparatus  is 
about  150  psi.  When  the  test  chamber  is  maintained 
at  its  maximum  pressure  (about  2  atm),  the  mini¬ 
mum  relative  humidity  is  about  20  percent.  At 
atmospheric  pressure,  a  relative  humidity  as  low 
as  10  percent  is  readily  produced,  and  at  a  reduced 
pressure  of  }{  atm,  the  minimum  relative  humidity 
decreases  to  5  percent. 

The  temperature  range  of  the  equipment  extends 
jfrom  — 40°  to  +40°  C.  The  upper  end  is  limited 
by  the  flash  point  of  the  bath  liquid  (Stoddard 


solvent).  However,  by  substituting  water  for  Stod¬ 
dard  solvent  as  the  bath  liquid,  the  upper  end  of 
the  temperature  range  may  be  extended  to  about 
90°  C. 

The  accuracy  with  which  any  desired  relative 
humidity  may  be  established  is  a  function  of  the 
uniformity  of  temperature  in  the  apparatus,  par¬ 
ticularly  in  the  final  saturator  and  the  test  chamber. 
The  relative  humidity  in  the  test  chamber  will  be 
equal  to  the  pressure  ratio  of  the  test  chamber  to 
final  saturator  only  if  these  two  units  are  at  the 
same  temperature.  The  distribution  of  temperature 
within  the  saturators,  test  chamber,  and  surrounding 
liquid  bath  was  explored  by  means  of  thermocouples, 
located  at  the  inlet,  outlet,  and  in  the  water  of  each 
saturator,  near  the  front  and  rear  of  the  test  chamber, 
and  at  four  separate  points  within  the  liquid  of  the 
bath.  As  an  indication  of  the  variations  in  temper¬ 
ature  that  may  exist  in  the  apparatus,  data  are 
presented  in  table  3  of  the  average  temperatures 
at  various  locations  for  three  2-hour  runs  at  different 
ambient  temperatures.  It  may  be  seen  that  the  dif- 
erentials  are  of  minor  magnitude,  especially  between 
the  final  bath  saturator  and  the  test  chamber. 


Table  3.  Temperature  distribution 


Location 

Temperature 

Initial  bath  saturator: 

°  C 

°  C 

°  C 

Air  inlet _  _  _  ..  _  __  _  ___ 

9.  55 

23.33 

30.  24 

Air  outlet _ _ _ 

9:  57 

23.30 

30.  25 

Water.  _  _  ______  _  ___ 

9.  66 

23.  29 

30.  30 

Intermediate  bath  saturator: 

Air  inlet-  _ 

9.  63 

23.35 

30.  45 

Air  outlet _  _  ___  .  . . 

9.  65 

23.36 

30.  44 

Water  _  _  _  . . . 

9.63 

23.  29 

30.39 

Final  bath  saturator: 

Air  inlet. _  _  _ 

9.  64 

23.  39 

30.  48 

Air  outlet _  _______  _  _  _ 

9.  65 

23.40 

30.  44 

Water. __  __  __ 

9.  66 

23. 36 

30.  43 

Test  chamber: 

Front.  _  _ 

9.64 

23.35 

30.  40 

Rear .  . . .  . . 

9.  61 

23.  35 

30.37 

Bath: 

Side  of  test  chamber.  _  _  .  _.  _ 

9.64 

23.38 

30  40 

Expansion  valve . . . 

9.64 

23.39 

30.  40 

Rear  of  test  chamber . . . .  __ 

9.  61 

23.39 

30.39 

Bottom.. . __  _  _  __ 

9.  58 

23. 38 

30. 39 

The  constancy  of  bath  temperature  is  of  impor¬ 
tance,  for  quite  often  materials  or  hygrometers  under 
investigation  are  temperature  dependent.  The  con¬ 
trol  system  has  effectively  regulated  the  bath  at 
temperatures  from  —40°  to  +40°  C.  For  periods 
of  time  of  2  to  5  hours,  average  fluctuations  of 
0.02  to  0.05  deg.  have  been  observed. 

5.  Discussion 

This  equipment  has  been  used  successfully  for 
calibration  testing  and  research.  The  working  space 
of  1  ft3  is  ample  for  most  instruments,  materials, 
and  devices  that  have  to  be  completely  immersed 
in  an  atmosphere  of  known  relative  humidity.  There 
is  no  theoretical  limitation  on  the  size  of  the  test 
chamber  that  may  be  employed  with  this  type  of 
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equipment;  a  larger  sized  chamber  would  simply 
require  a  larger  surrounding  liquid  bath.  Neither 
is  there  any  limitation  on  the  geometry  of  the  test 
chamber.  A  cylinder  was  chosen  in  this  case  for 
ease  of  construction,  but  any  other  space  configura¬ 
tion  can  be  substituted.  Even  in  the  present  design, 
the  cylindrical  test  chamber  can  be  uncoupled  from 
the  setup,  and,  within  the  limitation  of  the  available 
bath  space,  any  other  size,  shape,  or  design  of 
chamber  can  be  attached. 

Occasionally  air  of  known  or  preestablished  dew 
point  is  required  at  a  place  or  instrument  remote 
from  the  test  chamber.  The  desired  dew  point 
can  be  readily  produced  by  the  apparatus,  and  all 
or  part  of  the  air  from  the  test  chamber  can  be 
piped  wherever  needed.  The  only  limiting  factor 
involves  the  temperature  of  the  ambient  air,  which 
must  not  drop  below  the  dew  point  of  the  air  flowing 
through  the  transmission  tubing,  because  condensa¬ 
tion  may  occur  in  the  lines. 

The  range  of  relative  humidities  obtainable  with 
this  type  of  equipment  may  be  extended  to  much 
lower  values  by  using  a  higher  pressure  source.  A 
250-psig  compressor,  operating  between  150  to  200 
psig,  is  used  in  the  present  design  and  provides 
relative  humidities  that  are  sufficiently  low  for  most 
purposes.  Much  higher  pressures  would  necessitate 
components  capable  of  withstanding  those  high 
pressures.  Similarly,  for  flows  in  excess  of  5  ft3/min, 
a  compressor  having  a  larger  volume  capacity  would 
be  required. 

The  rapidity  with  which  the  relative  humidity 
may  be  changed  depends  primarily  on  the  time  in¬ 
volved  in  adjusting  the  pressure  regulator,  which 
controls  the  saturation  pressure.  Minor  adjust¬ 
ments  of  the  expansion  valve  and  the  exhaust  con¬ 
trol  valve  may  be  required  after  the  major  pressure 
adjustment  has  been  made.  These  operations  can 


easily  be  executed  within  30  sec.  At  low  rates  of 
flow,  the  limiting  factor  ceases  to  be  the  time  re¬ 
quired  for  performing  the  above  mechanical  opera¬ 
tions  and  becomes,  instead,  the  time  involved  in 
purging  air  of  one  relative  humidity,  with  air  of 
another  relative  humidity.  The  component  with 
the  maximum  air  volume  is  the  test  chamber.  It 
has  a  space  of  about  1  ft3,  so  that  the  purging  time 
depends  upon  the  rate  of  air  flow  through  this  1  -ft3 
volume. 

6.  Summary 

An  apparatus  of  versatility  and  convenience  for 
producing  atmospheres  of  known  relative  humidity 
has  been  developed  and  constructed  at  the  Bureau. 
It  operates  on  the  “two-pressure  principle,”  whereby 
air  is  saturated  at  a  high  pressure  and  expanded  to  a 
lower  pressure,  the  relative  humidity  at  the  lower 
pressure  being  the  ratio  of  the  lower  to  higher  pres¬ 
sure,  provided  the  operation  is  performed  at  con¬ 
stant  temperature. 

Important  parameters  can  be  varied  and  controlled 
over  wide  ranges:  relative  humidity  from  10  to  98 
percent;  temperature  from  —40°  to  +40°  C;  flow 
up  to  150  liters/min;  test-chamber  pressure  from  % 
to  2  atm.  The  relative  humidity  can  easily  be 
changed  from  one  value  to  another  within  30  sec. 

Independent  checks  on  the  accuracy  of  the  rela¬ 
tive-humidity  production  with  the  psychrometric 
and  dew-point  methods  have  yielded  average  agree¬ 
ments  of  ±0.4  to  ±0.6  percent.  As  the  latter 
methods  of  measurement  are  probably  no  more 
accurate  than  about  ±0.5  percent,  it  is  reasonable 
to  assume  that  the  apparatus  produces  relative 
humidities  that  are  known  to  at  least  ± 0.5-percent 
relative  humidity. 

Washington,  December  12,  1951 
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Relative  Humidity-Temperature  Relationships  of  Some 
Saturated  Salt  Solutions  in  the  Temperature 

Range  0°  to  50°  C 1 

Arnold  Wexler  and  Saburo  Hasegawa 

The  relative  humidity-temperature  relationships  have  been  determined  in  air  in  equi¬ 
librium  with  saturated  salt  solutions  of  lithium  chloride,  LiC!-H20;  magnesium  chloride, 

MgCl2-6H20;  sodium  dichromate,  Na2Cr207-2H20 ;  magnesium  nitrate,  Mg(N03)2-6H20; 
sodium  chloride,  NaCl;  ammonium  sulfate,  (NH^SOq  potassium  nitrate,  KNO3;  and 
potassium  sulfate,  K2S04,  over  a  temperature  range  of  0°  to  50°  C,  using  the  dewpoint 
method.  The  relative  humidity  is  a  continuous  function  of  temperature,  and,  except  for 
sodium  chloride,  is  monotonic.  The  curve  for  sodium  chloride  increases  from  74.9-percent 
relative  humidity  at  0°  C  to  a  maximum  of  75.6  percent  at  30°  C  and  then  gradually  de¬ 
creases  to  74.7  percent.  The  maximum  change  in  relative  humidity  with  temperature, 
about  15-percent  relative  humidity  as  the  temperature  increases  from  0°  to  50°  C,  occurs 
with  saturated  salt  solutions  of  sodium  dichromate  and  magnesium  nitrate. 


1 .  Introduction 

Saturated  salt  solutions  are  very  useful  in  produc¬ 
ing  known  relative  humidities,  principally  for  testing 
and  calibrating  selected  hygrometers  and  hygro- 
graphs  at  temperatures  above  0°  C.  The  saturated 
salt  solution  is  made  up  as  a  slushy  mixture  with 
distilled  water  and  chemically  pure  salt  in  a  glass  or 
enameled  tray  and  is  enclosed  in  a  sealed  metal  or 
glass  chamber.  When  equilibrium  conditions,  usu¬ 
ally  hastened  by  forced  air  circulation  or  stirring,  are 
attained,  the  chamber  space  is  at  a  constant  relative 
humidity.  Some  saturated  salt  solutions  produce 
relative  humidities  that  are  roughly  independent  of 
temperature. 

The  equilibrium  values  of  relative  humidity  of  the 
saturated  solutions  of  several  salts  used  in  calibra¬ 
tion  and  testing  are  listed  in  NBS  Circular  512  [1]  2 
and  are  based  partly  on  vapor-pressure  data  given 
in  the  International  Critical  Tables  [2]  and  partly  on 
dewpoint  measurements  made  at  NBS.  The  relative 
humidity-temperature  relationships  of  these,  as  well 
as  several  other,  saturated  salt  solutions  have  been 
redetermined  and  are  the  subject  of  this  paper. 

The  measurement  of  vapor  pressure  or  vapor  pres¬ 
sure  lowering  of  a  salt  solution  may  be  made  in  sev¬ 
eral  ways.  The  differential  methods  are  based  on 
the  determination  of  the  difference  in  vapor  pressure 
between  the  solution  and  solvent,  using  a  sensitive 
differential  manometer.  In  the  dynamic  method,  the 
boiling  point  of  the  solution  is  determined  under  re¬ 
duced  pressure.  The  transpiration,  or  gas-saturation, 
method  involves  the  gravemetrie  measurement  of  the 
water-vapor  content  of  an  inert  gas  saturated  by 
passage  over  or  through  the  salt  solution.  The  dew¬ 
point  method  consists  in  reducing  the  temperature  of 
a  mirror  surface  until  condensation  occurs. 

1  This  investigation  was  financially  supported  by  the  Aerology  Branch,  Bureau 
of  Aeronautics,  Department  of  the  Navy. 

2  Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 


The  dewpoint  method  was  utilized  in  this  investi¬ 
gation.  With  this  method,  measurements  could 
readily  be  made  in  the  presence  of  an  air  atmosphere 
under  conditions  similar  to  those  occurring  in  the 
use  of  saturated  salt  solutions  for  humidity-control 
purposes.  Furthermore,  other  than  using  chemically 
pure  salts  of  reagent  grade  and  distilled  water,  no 
special  precautions  were  taken.  Thus  the  salts 
contained  trace  impurities,  and  the  water  was  air 
saturated. 

2.  Description  of  Apparatus 

The  experimental  setup  shown  in  figure  1  was  used 
to  determine  the  equilibrium  vapor  pressure  of  a 
saturated  salt,  solution.  The  bottom  of  a  2-liter 
Wolff  flask,  A,  was  filled  to  a  depth  of  2  inches 
with  a  saturated  solution  of  a  salt,  B,  made  up  as 
a  slushy  mixture  with  a  pure  reagent  grade  chemical 
and  distilled  water.  A  dewpoint  apparatus,  C,  was 
inserted  through  one  side  neck  of  the  flask;  an  air 
stirrer,  D,  was  inserted  through  the  central  neck  of 
the  flask;  and  two  copper-constantan  thermocouples, 
E  and  F,  were  inserted  through  the  other  side  neck 
of  the  flask.  The  Wolff  flask  was  immersed  in  a 
liquid  bath,  O.  Automatic  temperature  control  of 
the  bath  was  achieved  by  a  system  in  which  thermis¬ 
tors,  in  a  bridge  circuit,  detected  the  temperature 
unbalance  and  a  heater,  H,  supplied  heat  in  pro¬ 
portion  to  the  unbalance.  Below  room  tempera¬ 
ture,  a  cooling  system,  I,  was  used  to  reduce  the 
bath  temperature. 

The  shaft  of  the  air  stirrer,  D,  was  supported  in  a 
close-fitted  bearing  and  driven,  through  a  belt  and 
pulley,  by  an  external  remotely  positioned  motor. 

Thermocouple,  E,  measured  the  air  temperature 
within  the  Wolff  flask,  thermocouple,  F,  measured 
the  temperature  of  the  saturated  salt  solution,  and 
thermocouple,  H,  measured  the  temperature  of  the 
liquid  bath.  These  thermocouples  were  made  with 
cotton-covered  Bakelite-insulated  wire.  To  insure 
that  no  spurious  electromotive  force  would  be 
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Figure  1.  Experimental  setup. 

A,  2-liter  Wolff  flask;  B,  saturated  salt  solution;  C,  dewpoint  apparatus;  D, 
air  stirrer;  E,  thermocouple  for  measuring  air  temperature;  F,  thermocouple  for 
measuring  temperature  of  saturated  salt  solution;  G,  thermocouple  for  measuring 
bath  temperature;  H,  bath  heater;  I,  cooling  system;  J,  liquid  bath  stirrer;  K, 
cooling  system  control  valve;  L,  cooling  system  by-pass  valve;  M,  cooling  system 
pump;  N,  Stoddard’s  solvent  mixed  with  dry  ice;  O,  liquid  thermostated'bath; 
P,  position  external  to  bath  from  which  a  light  is  projected  on  the  dewpoint 
mirror  and  from  which  the  dewpoint  mirror  is  observed  with  a  telescope. 

introduced  because  of  electrolytic  action,  each 
junction  was  coated  and  protected  with  polystyrene 
cement.  The  thermocouple  leads  were  covered  with 
grounded  equipotential  shields.  A  precision  po¬ 
tentiometer  was  used  to  measure  the  thermocouple 
electromotive  force  with  a  precision  of  better  than 
1  microvolt. 

A  light  was  projected  on  the  dewpoint  mirror  and 
the  mirror  was  viewed,  through  a  telescope,  from 
position,  P,  external  to  the  liquid  bath. 

Details  of  the  dewpoint  apparatus  are  shown  in 
figure  2.  A  brass  cup,  A,  3  inches  in  diameter  and  3 
inches  deep,  was  attached  to  one  end  of  a  %-inch- 
outside-diameter  copper  tube,  B,  %  2-inch  in  wall 
thickness.  A  dewpoint  mirror,  H,  was  soldered  to 
the  other  end  of  the  copper  tube.  This  mirror, 
h-inch -outside-diameter  and  %  inch  thick,  was 
machined  from  copper,  with  a  recess  equal  to  the 
wall  thickness  of  the  copper  tube  so  that  it  would 
fit  snuggly  in  the  end  of  the  tube.  The  reflective 
surface  of  the  mirror  was  first  ground  and  polished, 
then  plated  with  chromium,  and  finally  lapped  to 
within  one-half  fringe  of  optical  flatness.  A  1-mm- 
diameter  hole  was  drilled  in  the  center  of  the  mirror, 
from  the  rear,  to  within  about  y6i  inch  of  the  front 
reflective  surface.  A  copper-constantan  thermo¬ 
couple,  C,  B&S  gage  No.  30,  was  inserted  into  the 
hole  and  soldered  to  the  mirror. 

An  insulated-wire  heater,  E,  was  wound  around 
the  copper  tube  close  to  the  mirror  end.  This  heater 
was  controlled  by  a  variable  transformer  from  a  60- 
cycle  a-c  power  source.  Glass-wool  insulation,  G, 
was  wrapped  around  the  copper  tube  and  retained  in 
position  by  a  Bakelite  tube,  F,  %-incb  outside  diam¬ 
eter.  A  galvanometer  mirror,  I,  attached  to  the 
Bakelite  tube  by  a  metal  bracket,  J,  allowed  con¬ 
venient  viewing  of  the  dewpoint  mirror. 

The  addition  of  dry  ice  and  alcohol  to  the  brass 
cup,  A,  figure  2,  served  as  a  cold  source  for  cooling 


Figure  2.  Dewpoint  apparatus. 

A,  Brass  cup;  B,  copper  cooling  tube;  C,  thermocouple;  D,  rubber  stopper; 
E,  heater;  F,  Bakelite  tube;  G,  glass  wool  insulation;  H,  dewpoint  mirror;  I, 
viewing  mirror;  J,  support  bracket. 

the  dewpoint  mirror,  H,  through  conduction  along 
the  copper  tube,  B.  By  decreasing  the  voltage 
applied  to  heater,  E,  the  temperature  of  the  dewpoint 
mirror  could  be  lowered  gradually  until  dew  or  frost 
was  detected.  By  increasing  the  voltage  applied  to 
heater,  E,  the  temperature  of  the  mirror  could  be 
raised  slowly  until  all  dew  or  frost  disappeared.  The 
dewpoint  mirror  temperature  corresponding  to  the 
instant  of  appearance  and  disappearance  was 
measured  by  thermocouple,  C. 

3.  Experimental  Procedure 

The  procedure  employed  in  making  observations 
was  to  adjust  the  liquid-bath  temperature  to  some 
desired  value  and  then  permit  the  Wolff  flask,  with 
its  contents  to  come  to  temperature  equilibrium. 
After  equilibrium  had  been  established,  an  observer 
would  manipulate  the  dewpoint  heater  control  and 
simultaneously  view  the  dewpoint  mirror  until  he 
had  obtained  five  successive  appearances  and  dis¬ 
appearances  of  dew  or  frost  on  the  dewpoint  mirror. 
A  second  observer  would  then  repeat  the  process 
under  the  same  operating  conditions.  Occasionally, 
the  two  observers  would  take  repeat  sets  of  observa¬ 
tions.  In  this  fashion,  for  any  one  salt,  data  were 
obtained  at  10-deg.  intervals  from  0°  to  50°  C. 

4.  Results 

For  purposes  of  this  investigation,  it  was  assumed 
that  the  dewpoint  corresponded  to  the  mean  of  the 
observed  temperature  at  which  dew  first  appeared 
and  then  disappeared.  For  a  given  observer,  each 
dewpoint  therefore  corresponded,  usually,  to  the 
average  of  a  minimum  of  10  temperature  observa- 
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Table  1.  Observed  temperature-relative  humidity  data 


Lithium  chloride  LiCl-HjO 

Temperature _ °C. . 

Relative  humidity - 

0.23 

11.7 

9.  56 
13.4 

19.  22 
12.4 

29.  64 
11.8 

39.64 

11.8 

46.  76 
11.4 

Magnesium  chloride  MgCl2-6H20 

Temperature  _ °C_- 

Relative  humidity..-  %.. 

0.  42 
35.2 

9.  82 
34.  1 

19.  53 
33.4 

30. 18 
33.2 

39.  96 
32,  7 

48.09 

31.4 

Sodium  dichromate  Na2Cr207-2H20 

Temperature _ °C._ 

Relative  humidity _ %.. 

0.  GO 
60.4 

10.  14 
57.8 

19.  82 
55.5 

30.01 

52.4 

37.36 

50.4 

47.  31 
48.0 

Magnesium  nitrate  Mg(N03)2-6H20 

Tern  perature _ °  C .  _ 

Relative  humidity _ %.. 

0.  39 
60.7 

9.  85 
57.  5 

19.  57 
55.8 

30.  47 
51.6 

40.  15 
49.  7 

48.  10 
46.2 

Sodium  chloride  NaCl 

T  em  perature _ °C .  . 

Relative  humidity _ %. . 

0.  92 
75.0 

10.  23 
75.3 

20.  25 
75.  5 

30.  25 
75.6 

39.  18 
74.  6 

48.30 

74.9 

Ammonium  sulfate  (NH^SOi 

Temperature _ °C .  . 

Relative  humidity _ %.. 

0.  39 
83.7 

10.  05 
81.8 

20.04 

80.6 

30.  86 
80.0 

39.  97 
80. 1 

47.96 

79.2 

Potassium  nitrate  KNO3 

Temperature _ °C .  . 

Relative  humidity _ %__ 

0.62 

97.0 

10. 17 
95.8 

20.  01 
93.1 

30.  70 
90.6 

10.  35 
88.0 

48.12 

85.6 

Potassium  sulfate  K2SO4 

Temperature _ _°C  . 

Relative  humidity _ %._ 

0.  54 
99.0 

10.  08 
98.0 

19.  81 
97.  1 

30.  44 
93.8 

39.  94 
96. 1 

48.  06 
96.0 

tions.  The  dewpoint,  for  a  salt  at  a  test  tempera¬ 
ture,  was  taken  as  the  mean  of  the  dewpoints  ob¬ 
tained  by  each  observer. 

The  ambient  temperature  was  assumed  to  be  the 
mean  of  the  air  temperature  and  the  salt  temperature 
within  the  Wolff  flask.  As  these  temperatures  were 
relatively  stable  for  appreciable  periods  of  time, 
only  one  such  set  of  temperature  readings  was  ob¬ 
tained  by  each  observer  for  his  corresponding  set  of 
dewpoint  observations. 

The  relative  humidity  in  equilibrium  with  the 
saturated  salt  solution  is  given  by 

RH=-X  100, 

where  ed  is  the  vapor  pressure  of  pure  water  at  the 
dewpoint  temperature,  and  ea  is  the  vapor  pressure 
of  pure  water  at  the  ambient  temperature.  The 
vapor  pressures  given  in  the  Smithsonian  Tables  [3] 
were  used  in  this  computation. 

The  mean  relative  humidity  at  each  observed  test 
temperature  is  presented  in  table  1  for  eight  different 
saturated  salt  solutions  ranging  in  relative  humidity 
from  about  11  percent  to  99  percent.  The  data  for 
each  salt  were  plotted,  and  the  best  smooth  curve 
obtainable  by  eye  was  drawn  through  the  plotted 
points.  The  faired  values  from  this  smooth  curve 
are  given  in  table  2.  They  represent  the  best 
estimates  of  the  relative  humidities  obtained  with 
these  salts  at  the  selected  temperatures. 


Table  2.  Faired  values  of  relative  humidity  versus  temperature 


Tempera- 

Relative  humidity  of  saturated  salt  solution 

ture 

LiCl-H20 

MgCl2-6H20 

Na2Cr20:-2H20 

Mg(N03)2-6H20 

NaCl 

(NILRSCL 

KN03 

K2SO4 

°C 

% 

% 

% 

% 

% 

% 

% 

% 

0 

14.  7 

35.  0 

60.6 

60.6 

74.  9 

83.  7 

97.  6 

99.  1 

5 

14.0 

34.6 

59.3 

59.  2 

75.  1 

82.6 

96.6 

98.4 

10 

13.3 

34.2 

57.9 

57.8 

75.2 

81.  7 

95.5 

97.9 

15 

12.8 

33.9 

56.6 

56.3 

75.3 

81.  1 

94.  4 

97.  5 

20 

12.  4 

33.  6 

55.2 

54.9 

75.5 

80.6 

93.2 

97.  2 

25 

12.0 

33.2 

53.8 

53.4 

75.8 

80.3 

92.0 

96.9 

30 

11.8 

32.8 

52.  5 

52.0 

75.6 

80.0 

90.  7 

96.6 

35 

11.  7 

32.  5 

51.  2 

50.6 

75.  5 

79.8 

89.3 

96.4 

40 

11.  6 

32.  1 

49.8 

49.  2 

75.4 

79.  6 

87.  9 

96.  2 

45 

11.  5 

31.8 

48.5 

47.  7 

75.  1 

79.3 

86.5 

96.0 

50 

11.4 

31.4 

47.  1 

46.3 

74.7 

79.  1 

85.0 

95.8 

Table  3.  Scatter  of  data  about  smooth  curves 


Nominal 

tempera¬ 

ture 

Relative-humidity  deviation  of  data  from  curve  of  saturated  salt  solution 

LiCl-H20 

MgCl2-6H20 

Na2Cr207-2H20 

Mg(N03)2-6H20 

NaCl 

(NfLhSCL 

KNOj 

K2SO4 

0  C 

% 

% 

% 

% 

% 

% 

% 

% 

0 

0 

+0.3 

0 

+0.  2 

+0.  1 

0 

-0.  5 

0 

10 

0 

-.3 

0 

-.3 

1 

0 

+.4 

+.  1 

20 

0 

-.2 

+.2 

+.8 

0 

0 

-.2 

-.  1 

30 

0 

+.3 

-.  1 

-.3 

0 

0 

+.  1 

+.2 

4C 

+.2 

+.5 

-.  1 

+.5 

-1.0 

+.4 

+.  1 

-.  1 

50 

1 

-.2 

+.2 

-.6 

0 

0 

0 

+.1 

Average 

0 

±0.3 

±0.  1 

±0.6 

±0.2 

±0.  1 

±0.2 

±0.  1 
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The  plots  of  relative  humidity  versus  temperature 
yield  curves  that  are  continuous  and,  generally,  vary 
little  with  temperature  over  the  temperature  range 
of  0°  to  50°  C.  These  plots  are  shown  as  solid-line 
curves  in  figures  3  to  10.  The  maximum  variation  of 
relative  humidity  with  temperature  occurs  with 
saturated  solutions  of  sodium  dichromate  and 
magnesium  nitrate.  For  these  salts  there  is  an 
absolute  decrease  in  relative  humidity  of  about  15 
percent  as  the  temperature  increases  from  0°  to 
50°  C.  The  scatter  of  the  mean  experimental 
values  above  the  smooth  curves  is  given  in  table  3. 
The  greatest  scatter  of  the  data  occurs  with  sodium 
chloride  and  is  ±0.6  percent  relative  humidity.  For 
the  other  salts,  the  scatter  is  equal  to  or  less  than 
±0.3  percent  relative  humidity. 


Figure  3.  Comparison  of  the  faired  NBS  results  with  results 
of  other  experimenters. 

Figures  3  to  10,  inclusive,  show  a  comparison  of  the  faired  NBS  results,  as 
solid-line  curves,  with  the  results  of  other  experimenters.  The  following  symbol 
notation  is  used  throughout  these  figures: 

•  ICT  [2] 

O  Foote,  Saxton,  and  Dixon  [4] 

+  Leopold  and  Johnston  [5] 

A  Sakai  [6] 

□  Adams  and  Merz  [7] 

O  Burns  [8] 

X  O’Brien  [9] 

▲  Speranskii  [10, 15] 

V  Prideaux  [11] 

♦  Edgar  and  Swan  [12] 

■  Stokes  and  Robinson  [13] 
van’t  Hoff  [14] 

▼  Carr  and  Harris  [16] 

(J  Lescoeur  [17J 

□  Derby  and  Yngve  [18] 

®  Konduirev  and  Berezovskii  [19] 

O  Ewing,  Klinger,  and  Brandner  [20 
A  Johnson  and  Molstad  [21] 

0  Huttig  and  Reuscher  [22] 

El  Gokcen  [23] 


Figure  4. 
(See  fig.  3) 


Figure  5. 
(See  fig.  3) 
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RELATIVE  HUMIDITY,  %  RELATIVE  HUMIDITY 


Figure  6. 
(See  fig.  3) 


Figure  8. 
(See  fig.  3) 


Figure  7. 
(See  fig.  3) 


Figure  9. 
(See  fig.  3) 
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Figure  10. 
(See  fig.  3) 


5.  Discussion 

5.1.  General 

There  are  several  advantages  to  the  use  of  the 
dewpoint  method  in  determining  the  equilibrium 
relative  humidity  over  a  saturated  salt  solution. 
The  experimental  setup  can  be  relatively  simple, 
requiring  only  a  temperature-controlled  liquid  bath 
for  maintaining  the  salt  solution  and  its  containing 
vessel  at  some  fixed  temperature  and  a  dewpoint 
detector.  The  dewpoint  can  be  measured  in  the 
presence  of  an  air  (or  other  noncondensible)  atmos¬ 
phere.  Methods  that  depend  on  the  direct  measure¬ 
ment  of  vapor  pressure,  either  absolute  or  differen¬ 
tial,  require  careful  elimination  of  all  gases  and 
vapors  except  the  water  vapor  from  above  the  salt 
solution  as  well  as  the  elimination  of  any  dissolved 
gases  in  the  solution  because  these  would  produce  a 
serious  error  in  the  vapor  pressure.  The  absolute 
accuracy  of  the  vapor-pressure  measurement  in¬ 
creases  with  decreasing  dewpoint  for  a  given  accuracy 
in  the  dewpoint  measurement.  For  example,  if  the 
dewpoint  is  measured  with  an  accuracy  of  '0.1  deg  C, 
the  corresponding  accuracy  in  vapor  pressure  is 
0.008  mm  Hg  at  —20°  C,  0.034  mm  Hg  at  0°  C, 
0.109  mm  Hg  at  20°  C,  and  0.296  mm  Hg  at  40  °C. 
The  accuracy,  in  terms  of  percentage  of  vapor 
pressure,  is  0.8  percent  at  —20°  C,  0.7  percent  at 
0°  C,  0.6  percent  at  20°  C,  and  0.5  percent  at  40°  C. 
Thus,  the  percentage  accuracy  in  vapor-pressure 
determination  by  the  dewpoint  method,  for  a  given 
dewpoint  accuracy,  is  roughly  independent  of  dew¬ 
point  or  vapor  pressure.  The  dewpoint  method  is 
an  indirect  method;  it  yields  a  temperature  from 
which  the  vapor  pressure  is  obtained  by  recourse  to 
tables.  One  of  the  inherent  limitations  of  the 
method  lies  in  the  basic  accuracy  of  the  tables.  For 
most  work,  and  particularly  for  this  investigation, 
the  standard  tables  are  considered  to  have  adequate 
accuracy. 


5.2.  Errors 

In  determining  relative  humidity  by  the  dewpoint 
method,  the  principal  errors  arise  in  the  measure¬ 
ment  of  the  dewpoint  temperature  and  the  ambient 
temperature.  The  precision  of  the  temperature 
measurement,  using  calibrated  single-junction  copper- 
eonstantan  thermocouples  and  a  calibrated  precision 
potentiometer,  was  0.01  deg  C,  but  the  accuracy  was 
probably  no  better  than  0.05  deg  C.  As  (1)  the  ther¬ 
mocouple  for  measuring  the  dewpoint  was  imbedded 
only  several  hundredths  of  an  inch  below  the  surface 
of  the  dewpoint  mirror,  (2)  the  body  of  the  mirror 
was  copper,  and  (3)  the  rates  of  heating  and  cooling 
were  uniform  and  slow,  it  seems  reasonable  to  assume 
that  any  temperature  differentials  within  or  across 
the  mirror  were  negligible,  say,  no  more  than  0.01  to 
0.02  deg  C.  Because  of  the  relatively  low  thermal 
conductivity  of  liquid  water,  the  temperature  differ¬ 
ential  across  the  thickness  of  a  dew  film  was  possibly 
of  greater  magnitude.  In  cooling,  the  mirror  was 
colder  than  the  exposed  dew  surface  and  in  heating, 
it  was  warmer.  Two  factors  tend  to  reduce  the 
importance  of  this.  First,  by  averaging  the  tem¬ 
peratures  at  which  dew  is  first  observed  to  appear 
and  then  disappear,  the  errors  due  to  the  differentials 
across  the  dew,  because  they  are  of  opposite  sign, 
tend  to  cancel.  Second,  by  keeping  the  thickness 
and  quantity  of  dew  small,  the  differentials  can  be 
reduced  to  a  minimum. 

The  manually  operated  and  visually  observed 
dewpoint  hygrometer  required  a  certain  degree  of 
skill  for  successful  use.  After  some  experience  in 
its  use,  it  was  possible  to  control  the  rate  of  heating 
and  cooling  so  that  the  mirror  temperature  could 
be  followed  easily  with  a  potentiometer,  the  appear¬ 
ance  and  disappearance  of  dew  could  be  detected 
readily,  and  the  thickness  of  the  dew  deposit  kept 
as  small  as  desirable.  An  observer  could  repeat  a 
series  of,  say,  five  dewpoint  determinations,  at  any 
one  time,  with  an  average  deviation  of  a  single 
determination  from  the  mean  of  0.04  deg  C,  with  an 
average  deviation  of  the  mean  of  0.01  C,  and  with 
an  average  range  of  0.13  deg  C.  The  average  differ¬ 
ence  in  temperature  between  the  appearance  and  dis¬ 
appearance  of  dew  was  0.5  deg  C,  whereas  the  maxi¬ 
mum  difference  ever  observed  was  2  deg  C.  The  dew¬ 
point  appeared  to  be  independent  of  the  various 
observed  differences  in  temperature  between  the 
appearance  and  disappearance  of  dew. 

The  dewpoint  (the  average,  usually,  of  five  repeat 
determinations)  obtained  by  any  one  observer  had 
an  average  deviation  from  the  mean  of  two  or  more 
observers  of  0.07  deg  C.  The  average  deviation  of 
the  mean  dewpoint  of  all  observers  for  a  salt  solution 
at  any  temperature  was  0.04  deg  C.  The  mean  range 
in  dewpoint  for  all  of  the  test  conditions  for  two  or 
more  observers  was  0.16  deg  C. 

Because  the  dew  was  visually  detected,  it  is  likely 
that  different  observers  used  different  criteria  for 
defining  the  appearance  or  disappearance  of  dew. 
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This  may  account  to  some  extent  for  the  spread  in 
dewpoint  from  one  observer  to  another. 

Below  0°  C,  either  frost  or  dew  (supercooled  water) 
may  be  deposited  on  the  surface  of  the  dewpoint 
mirror.  In  all  cases  (which  included  dewpoints  as 
low  as  —23°  C)  the  deposit  first  detected  was  dew. 
If  the  mirror  temperature  was  not  permitted  to  fall 
too  far  below  the  dewpoint,  then  dew  remained  on 
the  mirror  throughout  the  determination.  If  the 
mirror  temperature  dropped  appreciably  below  the 
dewpoint,  the  dew  changed  to  frost. 

The  ambient  temperature  was  taken  as  the  mean 
temperature  of  the  salt  solution  and  air.  These 
latter  two  temperatures  differed  from  each  other 
because  of  the  heat  sources  and  sinks  associated  with 
the  setup.  The  fan  used  for  stirring  the  air  within 
the  chamber  introduced  heat  through  agitation; 
conduction  along  the  shaft  added  or  abstracted  heat, 
depending  on  whether  the  room  temperature  was 
above  or  below  that  of  the  test  chamber.  The 
dewpoint  hygrometer  served  as  a  serious  heat  sink, 
for,  by  the  very  nature  of  its  operation,  it  has  to 
be  maintained  below  test-chamber  temperature. 
Although  the  insulation  surrounding  the  conduction 
rod  aided  appreciably  in  reducing  the  magnitude 
of  the  heat  loss,  there  was  still  enough  loss  to  produce 
a  temperature  differential  between  the  salt  solution 
and  air.  The  test-chamber  temperature  may  there¬ 
fore  have  an  average  uncertainty,  because  of  this 
differential,  of  0.09  deg  C. 

The  root-mean-square  uncertainty  in  the  dewpoint 
determination  is  0.07  deg  C  and  in  the  ambient  (test 
chamber)  temperature  is  0. 1 0  deg  C.  The  correspond¬ 
ing  uncertainty  in  relative  humidity  varies  from  a 
maximum  of  1.2  percent  for  the  liigh-humidity 
saturated  salt  solutions  to  0.2  percent  for  the  low- 
humidity  saturated  salt  solutions. 

5.3.  Comparison  of  Results  With  Those  of  Other 
Investigators 

The  NBS  results  are  compared  with  those  of  other 
investigators  in  figures  3  to  10,  in  which  the  NBS 
results  are  shown  as  solid-line  curves.  The  results 
of  some  workers  were  reported  for  a  limited  tempera¬ 
ture  range  or,  occasionally,  for  only  one  temperature. 
Wherever  necessary,  results  that  were  presented  in 
terms  of  vapor  pressure  were  converted  into  relative 
humidity. 

It  is  apparent  from  these  figures  that  there  is  a 
certain  degree  of  scatter  among  the  values  reported 
by  other  researchers  as  well  as  some  disagreement 
between  the  NBS  results  and  those  values.  In 
general,  these  other  results  fall  within  a  band  of 
values  that  is,  on  an  average,  roughly  within  ±1^- 
percent  relative  humidity  of  the  NBS  results. 

5.4.  Use  of  Saturated  Salt  Solutions 

When  saturated  salt  solutions  are  employed  for 
humidity  control,  experience  has  shown  that  certain 
precautions  must  be  observed  in  order  that  the 


theoretical  values  may  be  used  without  the  need  of 
measurement.  It  is  necessary  to  enclose  the  satu¬ 
rated  salt  solution  in  a  sealed  chamber.  The  cham¬ 
ber  and  the  fixtures  therein  must  be  made  of  non- 
hygroscopic  materials,  preferably  metal  or  glass,  else 
the  time  required  for  humidity  equilibrium  to  be 
achieved  may  be  very  great,  sometimes  of  the  order 
of  days  or  weeks.  The  chamber,  salt  solution,  and 
ambient  air  should  be  brought  to  temperature 
equilibrium.  It  is  desirable  for  the  salt  solution  to 
occupy  as  large  a  surface  area  as  possible  and  for 
some  means  of  air  ventilation  or  circulation  to  be 
provided.  In  the  latter  regard,  if  at  all  possible, 
the  motor  that  drives  the  fan  or  blower  should  be 
external  to  the  chamber.  Otherwise,  the  heat  dis¬ 
sipated  by  the  motor  will  gradually  raise  the  internal 
chamber  temperature  and  introduce  some  uncer¬ 
tainty  in  the  equilibrium  relative  humidity.  The 
time  required  for  humidity  equilibrium  to  be  reached 
with  saturated  salt  solutions  depends  on  several 
factors:  (1)  the  ratio  of  free  surface  area  of  the 
solution  to  chamber  volume,  (2)  the  amount  of  air 
stirring,  and  (3)  the  presence  of  hygroscopic  mate¬ 
rials.  It  is  conjectured  that  agitating  the  saturated 
salt  solution  may  increase  the  rate  at  which  equilib¬ 
rium  is  achieved. 

As  ideal  conditions  are  rarely  obtained  in  practice, 
it  is  probable  that  the  theoretical  values  of  relative 
humidity  are  seldom  reached.  In  general  use, 
saturated  salt  solutions  should  not  be  expected  to 
control  the  relative  humidity  to  closer  than  about 
1-percent  relative  humidity  of  the  theoretical  values. 
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An  Acoustic  Method  for  the  Measurement  of  Vibration  Amplitudes* 
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National  Bureau  of  Standards ,  Washington,  D.  C. 

(Received  December  11,  1953) 

By  means  of  a  modification  of  the  pistonphone,  a  technique  has  been  developed  to  obtain  the  response  of 
a  capacitance  type  vibration  pickup  probe  using  the  reciprocity  calibration  of  a  condenser  microphone  as  a 
reference.  The  raised,  center  portion  of  a  circular  piston,  driven  by  a  barium  titanate  cylinder,  projects  into 
one  end  of  a  cavity,  the  shelf  of  the  piston  being  located  outside  of  the  enclosure.  A  calibrated  condenser 
microphone  coupled  to  the  other  end  of  the  cavity  responds  to  the  sound  pressure  developed  by  the  piston. 
The  output  of  an  annular  capacitance  type  vibration  pickup,  which  detects  the  motion  of  the  piston  shelf, 
is  compared  with  the  generated  microphone  voltage.  With  the  microphone  removed  from  the  cavity,  the 
output  of  a  capacitance  probe  located  adjacent  to  the  top  surface  of  the  piston  is  compared  with  that  of  the 
annular  pickup.  The  probe  response  is  computed  from  these  measurements  and  the  microphone  response. 

From  considerations  of  checks  by  independent  methods,  an  accuracy  of  about  0.5  db  is  indicated  from 
100  to  10  000  cps.  Using  a  sensitive  probe,  vibration  amplitudes  as  small  as  10-9  cm  have  been  measured  with 


a  comparable  degree  of  accuracy. 


INTRODUCTION 

HE  first  reference  to  the  pistonphone  is  in  a 
paper  by  Wente,* 1  who  describes  it  as  a  device 
for  calibrating  condenser  microphones  from  20  to 
200  cps.  A  piston  and  a  condenser  microphone  are 
coupled  to  the  same  cavity,  a  known  sinusoidal  motion 
imparted  to  the  piston  by  means  of  a  motor-crank 
arrangement,  and  the  pressure  in  the  cavity  calculated 
from  the  piston  displacement.  The  expression  for  the 
pressure  can  be  derived  from  a  consideration  of  the 
approximately  adiabatic  process  involved.  Differen¬ 
tiating  the  expression  pVy  =  a.  constant,  there  results, 
for  small  displacements, 

p  =  —ApQyAd/V,  (1) 

where  />  =  sound  pressure,  Ad  —  piston  displacement, 
A  =  cross-sectional  area  of  piston,  V=  cavity  volume, 
po  =  ambient  pressure,  and  y  —  ratio  of  specific  heats  for 
the  gas.  Equation  (1)  is  valid  under  the  conditions  that 
(a)  the  walls  of  the  cavity  are  perfectly  rigid,  (b)  the 
cooling  effect  of  the  walls  is  negligible,  and  (c)  standing 
wave  patterns  do  not  exist  in  the  gas. 

The  nature  of  these  assumptions  has  been  discussed 
by  Ballantine2  and  Cook.3  In  a  paper  by  DiMattia 
and  Wiener,4  a  comparison  is  made  of  the  determina¬ 
tions  of  the  reciprocity  response  of  a  condenser  micro¬ 
phone  by  three  laboratories.  The  data  indicate  that 
with  modern  experimental  techniques,  reciprocity 
calibrations  are  performed  with  an  over-all  estimated 
accuracy  of  0.2  db  or  better  from  50  to  10  000  cps. 
In  view  of  the  availability  of  the  condenser  microphone 
as  an  accurate  pressure  measuring  device,  it  was 
suggested  by  London5  that  the  original  use  of  the 

*  This  work  was  supported  by  the  Office  of  Basic  Instrumen¬ 
tation  of  the  National  Bureau  of  Standards. 

1  E.  C.  Wente,  Phys.  Rev.  10,  48  (1917). 

2  S.  Ballantine,  J.  Acoust.  Soc.  Am.  3,  319  (1932). 

3  R.  K.  Cook,  J.  Research  Natl.  Bur.  Standards  25,  498  (1940). 

4  A.  L.  DiMattia  and  F.  M.  Wiener,  J.  Acoust.  Soc.  Am.  18, 

341  (1946). 

6  A.  London,  J.  Appl.  Mech.  15,  391  (1948). 


pistonphone  be  reversed  to  determine  the  amplitude 
of  motion  of  the  piston  from  the  measured  sound 
pressure  over  an  extended  frequency  range.  The  known 
motion  could  then  be  used  to  calibrate  a  vibration 
pickup.  In  proceeding  with  this  work,  a  capacitance 
probe  was  developed  as  the  vibration  pickup  which 
would  electrically  reproduce  the  motion  of  the  surface 
under  observation  with  negligible  mechanical  loading. 

CAPACITANCE  TYPE  VIBRATION  DETECTOR 

A  schematic  diagram  of  the  capacitance  vibration 
detector  is  shown  in  Fig.  1.  The  design  is  an  adaptation 
of  a  circuit  described  by  Van  Zelst,6  and  modified  for 
use  as  a  vibration  detector.  At  the  mechanical  input, 
C  represents  a  capacitance  formed  by  placing  a  conduct¬ 
ing  surface  in  proximity  to  a  vibrating  piston,  which 
is  maintained  at  ground  potential.  L  and  C,  shown  as 
a  probe  in  Fig.  1,  constitute  one  branch  of  a  bridge 
circuit,  the  other  three  branches  being  made  up  of  a 
variable  resistance  (R)  and  two  capacitors  of  equal 


Fig.  1.  Schematic  diagram  of  the  capacitance 
vibration  detector  using  a  probe. 

6  J.  J.  Z.  Van  Zelst,  Philips  Tech.  Rev.  9,  357  (1947-1948). 
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Fig.  2.  Cross  section  of  the  pistonphone,  showing  the  arrangement  of  the  driver,  monitor,  and  microphone. 


value.  A  1.6  me  signal  from  a  crystal  controlled  oscil¬ 
lator  is  injected  into  the  bridge  and  a  balance  is  obtained 
by  alternately  varying  C  and  R  until  the  null  detector 
reads  a  minimum.  This  occurs  when  L  and  C  are 
tuned  to  series  resonance  at  1.6  me  and  R  is  adjusted  to 
equal  the  effective  resistance  of  the  L-C  branch.  The 
two  capacitors  in  the  upper  branches  of  the  bridge  are 
chosen  to  present  a  high  impedance  to  the  oscillator 
source,  while  the  output  of  the  bridge,  taken  between 
points  A  and  B,  has  a  relatively  low  impedance. 
Because  of  the  low  impedance  of  the  L-C  combination, 
the  capacitance  to  ground  of  the  cable  which  connects 
the  probe  inductance  to  point  A  does  not  adversely 
affect  the  operation  of  the  bridge  and  can  be  balanced 
by  a  capacitance  between  point  B  and  ground,  the 
adjustment  being  not  at  all  critical. 

When  the  piston  is  set  into  motion  at  an  angular 
frequency,  p,  the  bridge  output  is  given  by7 

flo  =j - AC  cos  (co  —  p)t — cos  (w+  p)t\,  (2) 

a )C2  21  J 

where  v0=  instantaneous  output  voltage,  /  =  peak 
carrier  current  in  bridge,  m  =  angular  frequency  of 
carrier,  C—  total  capacitance  of  pickup  element,  and 
AC = peak  variation  in  capacitance. 

7  See  appendix  for  derivation. 


Voltage  Vo  is  a  suppressed  carrier,  containing  both 
the  upper  and  lower  side  bands,  (a >+/>)  and  (c c  —  p), 
but  not  the  carrier,  o>.  In  order  to  extract  the  audio¬ 
frequency,  the  suppressed  carrier  and  the  original 
carrier  are  combined  to  produce  an  amplitude  modu¬ 
lated  wave,  which  is  demodulated  in  a  push-pull 
infinite  impedance  detector.  The  balanced  audio 
output  corresponds  to  the  mechanical  input  to  C. 
Reversion  to  single-ended  operation  is  added  for 
convenience  in  instrumentation. 

PISTONPHONE-MONITOR  COMBINATION 

Figure  2  shows  the  pistonphone  arranged  for  an 
acoustic  calibration.  The  driver  is  a  hollow  barium 
titanate  cylinder,  polarized  to  produce  a  longitudinal 
elongation  for  a  voltage  applied  between  the  inside 
and  outside  surfaces.  A  step-shaped  piston  is  cemented 
to  the  upper  end  of  the  driver ;  the  lower  end  is  cemented 
to  a  circular  brass  base  supported  by  four  vibration 
mounts,  the  need  for  which  will  be  discussed  below. 
The  main  structure  of  the  instrument  supports  a 
clamping  structure,  which  in  turn  supports  the  cavity 
and  its  accessories.  The  walls  of  the  cavity  are  made  up 
of  the  main  cavity  enclosure,  the  piston  surface,  the 
diaphragm  of  a  Western  Electric  type  640 A  A  con¬ 
denser  microphone,  a  Lucite  microphone  holder,  and 
the  ends  of  two  glass  capillary  tubes. 
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The  motion  to  be  correlated  with  the  sound  pressure 
in  Eq.  (1)  is  that  of  the  top  surface  of  the  piston,  since 
it  is  this  surface  which  develops  the  pressure  in  the 
cavity.  Although  it  would  be  desirable,  it  is  not  feasible 
to  operate  a  capacitance  vibration  detector  in  proximity 
to  the  piston  surface  at  the  same  time  that  the  micro¬ 
phone  is  coupled  to  the  cavity.  A  “monitor”  vibration 
detector  is  therefore  included  to  obtain  calibrations 
independent  of  the  driver  characteristics.  The  monitor 
detects  the  change  in  capacitance  between  the  shelf  of 
the  piston,  maintained  at  ground  potential,  and  an 
annular  pickup  element.  The  pickup  is  electrically 
insulated  from  the  main  structure  and  arranged  to 
rotate  on  a  screw  thread  for  adjustment,  by  pinion  and 
gear,  of  its  capacitance  to  ground.  The  associated 
series  inductance  is  mounted  adjacent  to  the  capacitance 
and  is  connected  to  the  electronic  circuit  of  the  vibration 
detector  through  an  output  receptacle  and  a  cable. 

The  six-pound  mass  of  the  driver  base  and  the  four 
vibration  mounts  comprise  a  mechanical  system 
resonant  at  about  15  cps,  the  purpose  of  which  is  to 
reduce  mechanical  coupling  between  the  driver  and 
the  main  structure.  If  the  driver  base  is  rigidly  clamped 
to  the  body  of  the  instrument,  standing  waves  set  up 
in  the  structure  result  in  relative  motion  of  the  capaci¬ 
tance  pickup  and  give  rise  to  spurious  effects.  As  will 
be  seen  in  the  experimental  results,  the  use  of  vibration 
mounts  is  decidedly  effective  in  reducing  mechanical 
coupling,  but  due  to  building  vibration,  the  mass¬ 
stiffness  system  introduces  an  ambient  low-frequency 
noise  output.  This  effect  can  be  minimized  by  connecting 
a  high  or  band  pass  filter  to  the  audio  output. 

Another  mechanical  coupling  factor  which  must  be 
eliminated  is  the  rubbing  that  can  occur  between  the 
piston  and  the  cavity  enclosure.  A  clearance  of  approxi¬ 
mately  0.004  in.,  sealed  with  Vaseline  to  prevent 
leakage  of  gas,  is  therefore  provided. 

The  glass  capillary  tubes  assure  that  atmospheric 
pressure  exists  inside  the  cavity  and  also  provide  an 
inlet  for  hydrogen,  which  is  used  in  the  cavity  at 
frequencies  above  3000  cps  to  prevent  the  onset  of 
standing  wave  patterns  in  the  gas  within  the  frequency 
range  in  which  the  calibrations  are  made.  The  piston- 
phone  cavity  has  a  volume  of  19.9  cc,  a  diameter  of 
1.688  in.j  and  a  diameter-to-length  ratio  of  3.4.  The 
section  of  the  piston  which  projects  into  the  cavity  is 
f  in.  in  diameter. 

ACOUSTIC  CALIBRATION  OF  THE  PISTONPHONE 
MONITOR 

The  response  of  the  monitor  is  obtained  by  comparing 
its  output  with  the  microphone  open  circuit  voltage. 
A  switching  arrangement  is  used  to  substitute  the 
monitor  capacitance  and  its  associated  inductance  into 
the  bridge  circuit  in  place  of  the  probe  shown  in  Fig.  1, 
so  that  when  the  piston  is  driven,  the  variation  in 
capacitance  between  the  piston  shelf  and  the  monitor 
pickup  element  produces  an  output  from  the  vibration 


detector  circuit.  At  the  same  time,  the  motion  of  the 
piston  develops  a  sound  pressure  in  the  cavity  given  by 

P  =  £oc/ p ,  (3) 

where  p—  sound  pressure,  eoc=open  circuit  microphone 
voltage,  and  p—  microphone  response. 

In  order  to  determine  the  monitor  response,  it  is 
not  necessary  to  know  either  the  pressure  or  the  piston 
displacement.  An  explicit  expression  for  the  monitor 
response  is  obtained  by  combining  Eq.  (1)  and  (3): 

6m  P-A  poy  6m 

-= - ,  (4) 

Ad  V  eoc 

where  em  =  audio  output  of  the  detecting  circuit  using 
the  monitor  pickup. 

Using  a  variation  of  the  usual  substitution  method, 
the  ratio  em/e0c  is  measured  by  introducing  the  voltage 
em,  through  an  attenuator,  across  the  insert  resistance 
of  the  microphone  preamplifier. 

CAPACITANCE  PROBE  AND  ITS  CALIBRATION 

To  provide  a  practical  method  for  transferring  the 
acoustic  calibration,  the  capacitance  probe  shown  in 
Fig.  3  was  developed.  The  probe  consists  of  a  pickup 
element,  an  inductance,  a  Lucite  insulating  tube,  a 
brass  shield,  and  a  threaded  holder.  Adjustment  of  the 
distance  between  the  pickup  element  and  the  vibrating 
surface  is  by  a  knob,  which  through  a  double  reduction 
gear,  turns  the  screw  to  raise  or  lower  the  probe. 

The  probe  response  is  obtained  by  comparing  its 
output  with  that  of  the  monitor.  The  microphone  and 
its  holder  are  removed  from  the  cavity,  the  probe 
support  rigidly  bolted  to  the  top  clamping  structure  of 
the  pistonphone,  and  the  probe  brought  into  position 
directly  over  the  top  surface  of  the  piston  by  tuning 
the  bridge  circuit  for  a  null  indication.  Two  bridge 
circuits  are  now  brought  into  use:  one  incorporating 
the  monitor  capacitance,  inductance,  and  resistance, 
and  the  other  containing  the  probe  capacitance, 
inductance,  and  resistance.  Making  use  of  the  switching 
arrangement  to  read  both  monitor  and  probe  output 


Fig.  3.  Cross  section  of  a  caDacitance  nrobe. 
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voltages  from  the  detecting  circuit,  the  probe  to 
monitor  output  ratio  is  obtained  for  each  frequency. 

The  complete  expression  for  the  response  of  the 
capacitance  vibration  detector  using  a  probe  is 

Cp  pAp0y  6m  tp 

-=  (4a) 

Ad  V  eoc  em 

where  ep—  audio  output  of  the  detecting  circuit  using 
a  capacitance  probe. 

The  design  of  a  probe  involves  the  choice  of  an 
inductance,  which,  with  the  stray  capacitance  of  the 
probe,  plus  the  desired  parallel  plate  capacitance 
between  the  pickup  element  and  the  piston  surface, 
establishes  series  resonance  at  the  crystal  oscillator 
frequency.  Since  C  in  Eq.  (2)  is  the  total  capacitance 
of  the  pickup  element,  including  stray  capacitance, 
the  stray  capacitance  obviously  affects  the  response; 
hence  the  need  for  a  shield  to  eliminate  possible  changes 
in  the  response  in  transferring  the  probe  from  the 
calibrating  instrument  to  other  shakers.  Two  probes 
were  built,  one  designed  primarily  for  high  sensitivity 
and  the  other  for  practical  applications.  The  former, 
designated  as  probe  No.  1,  operates  at  a  spacing  of 
approximately  0.06  mm,  and  has  a  mid-frequency 
range  response  of  1.40X106  volts/cm,  while  the  latter, 
probe  No.  2,  operates  at  a  spacing  of  about  0.5  mm, 
with  a  response  of  8.92 X104  volts/cm. 

Referring  to  Eq.  (2),  it  is  seen  that  the  response 
of  the  capacitance  vibration  detector  is  proportional  to 
AC/C2.  If  no  stray  capacitance  were  present  in  the 
probe,  this  expression  could  be  rewritten  as  —  Ad/ A, 
where  A  is  the  area  of  the  parallel  plate  capacitor,  with 
air  dielectric,  formed  by  the  pickup  element  and  the 
vibrating  surface.  This  indicates  that  for  a  given  area, 
changing  C  by  means  of  varying  the  spacing,  and 
revising  the  inductance  to  obtain  series  resonance,  will 
not  affect  the  response.  However,  if  C  includes  stray 
capacitance,  a  closer  spacing  in  conjunction  with  a 
smaller  value  of  inductance  will  yield  a  greater  response. 
The  response  can  thus  be  increased  by  decreasing  the 
spacing  until  the  stray  capacitance  becomes  negligible 
compared  to  the  parallel  plate  capacitance.  Beyond 
this  point,  it  appears  that  the  response  may  be  in¬ 
creased  by  decreasing  the  area  of  the  probe  to  require 
a  closer  spacing  for  a  given  value  of  probe  inductance. 

EXPERIMENTAL  RESULTS 

Two  acoustically  determined  response  curves  of  the 
capacitance  vibration  detector,  using  probe  No.  2, 
are  shown  in  Fig.  4.  The  absolute  value  of  the  response 
at  low  frequencies  was  verified  by  microscope  measure¬ 
ment  of  the  amplitude  of  vibration  of  a  separate  shaker, 
illuminated  by  a  stroboscopic  light  source.  With  the 
light  source  adjusted  to  a  slightly  different  frequency 
from  that  of  the  shaker,  the  vibration  was  observed 
in  slow  motion  and  measurements  made  with  a  micro- 
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Fig.  4.  Response  of  the  capacitance  vibration  detector.  The 
upper  set  of  curves  shows  the  response,  measured  acoustically 
with  the  pistonphone,  using  probe  No.  2,  two  calibrations  being 
plotted  to  indicate  the  precision  of  the  measurements.  At  500 
and  1000  cps,  the  response  was  verified  by  microscope  measure¬ 
ment  using  a  stroboscopic  light  source.  The  lower  curve  shows 
the  relative  response  of  the  vibration  detector  as  a  function  of 
frequency  measured  electronically  by  substituting  an  amplitude 
modulated  wave  input  in  place  of  the  bridge. 


meter  eyepiece.  The  results  of  the  microscope  measure¬ 
ments  are  plotted  in  Fig.  4  for  comparison  with  the 
pistonphone  calibrations.  The  relative  response  of 
the  detecting  circuit  as  a  function  of  frequency,  shown 
in  Fig.  4,  was  measured  electronically  by  disconnecting 
the  bridge  circuit  and  oscillator  section  of  the  vibration 
detector,  and  substituting  an  amplitude  modulated 
wave  input.  The  decrease  in  response  with  frequency 
thus  measured  is  seen  to  approximate  that  of  the 
response  determined  acoustically. 

Above  200  cps,  the  output  noise  level  of  the  detecting 
circuit  is  less  than  50  microvolts  rms  in  a  band  width 
of  20  cps.  When  referred  to  the  response  of  probe  No.  1, 
the  more  sensitive  probe,  this  noise  corresponds  to  a 
peak  vibration  amplitude  of  5.05X1O-11  cm,  permitting 
accurate  measurements  of  less  than  10~9  cm. 

The  upper  amplitude  limit  is  determined  either  by 
distortion  in  the  electronic  amplifiers,  or  when  the 
amplitude  of  vibration  is  large  enough  to  cause  Eq. 
(2)  to  become  invalid.  If  the  peak  vibration  amplitude 
is  permitted  to  vary  up  to  2  percent  of  the  spacing, 
considerations  of  measured  noise  level  and  response 
indicate  a  useful  dynamic  range  of  about  100  db. 

The  ratio  of  probe  to  monitor  output,  measured  as  a 
function  of  frequency,  increases  by  about  0.3  db  in 
the  range  from  100  to  10  000  cps.  There  are  at  least 
three  possible  explanations  for  the  slight  increase  in 
this  ratio:  (a)  the  output  impedance  of  the  bridge 
circuit  is  different  for  the  probe  than  for  the  monitor, 
permitting  optimum  adjustment  of  the  radio-frequency 
transformers  for  only  one  input  condition  at  a  time, 
(b)  residual  mechanical  coupling  may  exist  between 
the  driver  and  pickup  devices,  and  (c)  flexural  modes 
of  vibration  may  occur  in  the  piston  at  higher 
frequencies. 
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Several  pistonphone  calibrations  were  performed 
before  clearance  between  the  piston  and  cavity  en¬ 
closure  was  provided,  and  before  the  driving  system  was 
placed  on  vibration  mounts.  Consistent  results  were 
obtained  from  100  to  1000  cps,  but  above  1000  cps 
the  data  were  somewhat  erratic.  The  acoustic  calibra¬ 
tion  range  was  extended  to  2000  cps  by  providing  the 
small  clearance  between  the  piston  and  cavity  enclosure 
to  prevent  mechanical  coupling  due  to  rubbing  of  the 
surfaces;  however,  above  2000  cps  erratic  results  were 
again  encountered.  By  the  addition  of  the  vibration 
mounted  driver  system  with  maintenance  of  the 
clearance,  the  range  was  extended  to  10  000  cps. 

To  observe  the  effects  of  mechanical  coupling,  the 
probe  was  tuned  over  the  top  clamping  plate  of  the 
pistonphone.  With  this  arrangement,  an  output  from 
the  probe  would  indicate  vertical  motion  of  the  clamping 
plate.  When  the  vibration  mounts  were  removed  and 
the  driver  base  rigidly  clamped  to  the  main  structure, 
strong  outputs  were  observed  at  several  frequencies 
between  2000  and  10  000  cps.  Using  vibration  mounts, 
but  with  the  moving  structure  unbalanced  so  that 
rubbing  occurred  between  the  piston  and  the  cavity 
enclosure,  the  same  effect  was  noticed.  With  vibration 
mounts  and  correct  balancing,  so  that  rubbing  did 
not  occur,  no  output  was  detected. 

In  estimating  the  accuracy  of  the  pistonphone 
calibration  of  the  capacitance  vibration  detector  using 
a  probe,  the  microphone  reciprocity  calibration  and 
the  pistonphone  measurements  must  both  be  considered. 
As  pointed  out  in  the  Introduction,  the  microphone 
response  is  known  to  have  an  accuracy  of  0.2  db  or 
better.  The  error  introduced  in  the  pistonphone 
calibration  as  a  result  of  volume  effects,  cooling  losses, 
and  contributions  from  standing  waves  in  the  gas,  is  esti¬ 
mated  at  approximately  0.1  db.  An  attenuator,  accurate 
to  within  0.1  db,  was  used  to  measure  the  two  voltage 
ratios  which  appear  in  Eq.  (4a),  introducing  an  estimated 
error  of  0.1  db  in  each  of  these  two  measurements.  No 
attempt  was  made  to  evaluate  the  error  introduced 
by  residual  mechanical  coupling  or  acoustical  coupling 
between  the  driver  and  the  capacitance  pickup  devices ; 
however,  the  experimental  data  mentioned  above  on 
the  ratio  of  probe  to  monitor  output  as  a  function  of 
frequency  are  a  strong  indication  that  the  coupling 
effects  on  the  pickup  devices  are  small.  Furthermore, 
it  is  seen  from  Eqs.  (4)  and  (4a)  that  acoustic  reaction 
on  the  driver  does  not  affect  the  value  of  the  response 
obtained  for  either  the  monitor  or  the  probe  since  the 
driver  motion  affects  the  numerator  and  denominator 
of  these  expressions  equally.  From  these  considerations 
and  from  the  experimental  results  shown  in  Fig.  4, 
the  accuracy  of  the  probe  response  is  estimated  at 
about  0.5  db  up  to  1000  cps.  Although  no  direct 
microscope  measurements  were  feasible  above  this 
frequency,  agreement  of  the  relative  response  between 
the  upper  and  lower  curves  indicates  a  comparable 
degree  of  accuracy  from  1000  to  10  000  cps. 


ABSOLUTE  ELECTRONIC  CALIBRATION 

An  independent  method  was  developed  for  calibrating 
the  capacitance  vibration  detector  at  low  frequencies. 
The  method  is  of  interest  because  it  is  based  upon  the 
measurement  of  a  direct  displacement  instead  of  upon 
the  sound  pressure  calibration  of  a  microphone. 
Although  the  method  was  not  fully  exploited  experi¬ 
mentally,  agreement  with  the  acoustic  calibration  was 
found  to  be  within  about  1  db,  and  it  should  be 
possible  to  reduce  the  difference  by  further  refinement. 

The  output  of  the  null  detector  is  connected  through 
an  amplifier  and  a  thermocouple  to  a  dc  microammeter. 
When  the  capacitance  probe  is  at  the  correct  spacing,  d, 
the  null  detector  output  is  small,  and  the  microammeter 
reading  is  close  to  zero.  From  this  position,  the  probe 
is  detuned  by  a  known  distance,  Add,  changing  the 
capacitance  by  A Cd.  The  unbalanced  bridge  produces  a 
carrier  output  sufficient  to  heat  the  thermocouple  and 
obtain  a  reading  on  the  microammeter.  From  Eq.  (16) 
of  the  Appendix,  the  instantaneous  null  detector 
output  is 

vod=  KACdsinu)t,  (5) 

where  K<xjI/uC2.  The  rms  value  of  this  voltage  is 

V  odrms  =  KAC  d/y/2.  (6) 

The  probe  is  then  retuned  to  a  null  and  the  piston 
given  an  unknown  sinusoidal  motion  of  peak  value 
Ada.  The  output  from  the  null  detector  now  represents 
an  increase  in  the  null  reading.  From  Eq.  (15),  the 
null  detector  output  for  this  condition  is 

voa=  A'ACa5[cos(a>— p)t—  cos(a>+ p)t],  (7) 

where  ACa  =  peak  variation  in  capacitance.  The  rms 
value  of  voa  is, 

I  oarms  KACa/2.  (8) 

For  small  displacements,  direct  or  alternating, 

AC/Ce=-Ad/d,  (9) 

where  Ce—  capacitance  of  pickup  element,  not  including 
stray  capacitance.  Relating  Eqs.  (6),  (8)  and  (9), 

Ada—  —  V2A ddVoarms/V  odrms ■  (10) 

The  ratio  of  the  voltages  in  Eq.  (10)  is  found  by 
taking  the  square  root  of  the  ratio  of  the  microammeter 
readings  for  the  two  conditions,  since  these  readings, - 
obtained  by  means  of  the  thermocouple,  are  propor¬ 
tional  to  the  square  of  the  rms  value  of  the  null  detector 
output.  The  response  of  the  probe  is  computed  from 
Eq.  (10)  and  the  audio  output  voltage  of  the  detecting 
circuit,  measured  for  the  sinusoidal  motion  of  the  piston. 
In  employing  this  method,  the  requirement  that  the 
displacement  be  small  compared  to  the  spacing  applies 
to  the  direct  displacement  of  the  probe  as  well  as  to 
the  motion  of  the  piston. 
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APPLICATIONS 

In  order  not  to  affect  the  response  of  the  probe  in 
its  application  to  the  absolute  measurement  of  vibra¬ 
tion  amplitudes,  it  should  be  used  adjacent  to  a  plane 
surface  no  smaller  than  the  outer  diameter  of  the  probe 
shield.  The  vibrating  surface  is  placed  at  ground 
potential  in  the  electronic  circuit  of  the  capacitance 
vibration  detector,  and  the  probe  is  tuned  to  a  null 
directly  over  the  surface  for  adjustment  of  the  spacing 
at  which  it  is  designed  to  operate.  A  piezoelectric 
accelerometer,  having  an  exposed  plane  surface  per¬ 
pendicular  to  the  direction  of  vibration,  can  be  cali¬ 
brated  by  tuning  the  probe  in  proximity  to  this  surface. 

In  establishing  a  frame  of  reference  for  the  support 
of  the  probe,  mechanical  coupling  between  the  driver 
and  the  probe  must  be  avoided.  It  is  usually  advan¬ 
tageous  to  clamp  the  probe  to  a  structure  separate 
from  that  of  the  driver.  However,  this  introduces  a 
low-frequency  ambient  vibration  noise  level  into  the 
output  of  the  capacitance  vibration  detector,  which, 
as  in  the  case  of  the  vibration  mounted  pistonphone 
driver,  must  be  eliminated  by  a  high  or  band  pass  filter. 

APPENDIX 

Derivation  of  Expression  for  v0 

Referring  to  Fig.  1,  the  current  through  the  L-C 
branch  is  equal  to  that  through  R  under  conditions  of 
balance.  Calling  the  peak  value  of  this  current  /,  the 
instantaneous  voltage  at  point  A  is 

va  =  I  sin.ut\rA~j( uL - ^1,  (11) 

L  V  w(C+AC  sinpt)/  J 


where  r  =  effective  resistance  of  the  L-C  branch.  At 
point  B, 

vb=  IR  sinw/.  (12) 

When  the  bridge  is  correctly  adjusted,  R  =  r,  and  the 
output  voltage  is 

/ urLC+arLAC  sin pt—  1  \ 

vq=va  Vpt=jl  sinu)/ ( - ).  (13) 

V  oj(C+AC  sin  pt)  / 

Since  u>2LC=  1,  and  AC  sin/>/«C, 

I 

v0  =j — —AC  sine d  sin  pt.  (14) 

wC2 

By  a  trigonometric  substitution, 

/  if  1 

v0  =] - AC-  cos(a>—  p)l  —  cos(a>+^)/  .  (15) 

a )C2  2L  J 

If  AC  is  introduced  under  static  conditions  by  simply 
detuning  the  bridge,  Eq.  (14)  becomes 

I 

vo—j—AC  sin  col.  (16) 

wC2 
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This  paper  describes  measurement  of  vibration  amplitude  with  a  Fizeau  type  interferometer  using  pulses 
of  monochromatic  light  of  adjustable  phase.  The  interferometer  is  used  to  calibrate  vibration  pickups  over 
the  frequency  range  from  100  to  20  000  cps. 


I.  INTRODUCTION 

THE  stroboscopic  interferometer  is  a  development 
of  work  described  previously.1  The  objective  of 
the  work  is  the  development  of  methods  and  equipment 
for  accurate  calibration  of  vibration  measuring  instru¬ 
ments  over  the  audio-frequency  range.  Preliminary  ex¬ 
periments  led  to  the  statement  (see  reference  1,  p.  734) 
that  there  was  promise  of  improvement  of  the  earlier 
work  by  combination  of  the  interferometric  with  the 
stroboscopic  technique.  This  improvement  has  been 
developed  sufficiently  now  to  be  usable  in  calibration. 

A  pattern  of  straight-line  fringes  is  formed  by  inter¬ 
ference  of  light  reflected  from  two  nearly  parallel  plane 
surfaces,  one  stationary  and  one  vibrating. 

The  position  of  a  fringe  in  relation  to  a  fiducial  mark 
in  the  field  of  view  at  any  instant  is  determined  by  the 
distance  between  the  stationary  surface  and  the  vibrat¬ 
ing  surface  at  that  instant,  and  varies  with  the  motion. 
The  stroboscopic  effect  is  obtained  by  driving  the  lamp 
with  voltage  pulses  which  are  synchronized  with  the 
vibration.  One  short  flash  of  light  occurs  in  each  cycle 
of  vibration.  If  the  phase  of  the  flash  is  constant  relative 
to  the  phase  of  the  motion,  the  interference  pattern 
appears  to  be  motionless.  If  the  phase  of  the  flash  is 
varied  slowly,  the  pattern  appears  to  move  in  a  direction 
perpendicular  to  the  fringes.  The  amplitude  of  the 
motion  of  the  fringes  is  proportional  to  the  amplitude 
of  the  vibration.  Since  the  distance  between  fringes 
corresponds  to  a  displacement  of  \  the  wavelength  of 
the  light,2  the  amplitude  of  vibration  is  determined  by 
measuring  the  excursion  of  a  fringe  and  the  distance 
between  fringes  on  the  same  scale.  The  vibration  ampli¬ 
tude  is  then  expressed  in  fractions  of  a  wavelength  of 
light  and  converted  to  meters  by  using  the  known  value 
of  the  wavelength  of  the  monochromatic  light  used.  The 
voltage  from  the  pickup  being  calibrated  and  the  fre¬ 
quency  of  vibration  are  measured  at  the  same  time. 
These  three  quantities  furnish  the  information  necessary 
for  calibration. 

*  The  work  reported  here  was  carried  out  as  part  of  a  program 
of  Basic  Instrumentation  Research  cooperatively  supported  at  the 
National  Bureau  of  Standards  by  the  Office  of  Naval  Research, 
the  Air  Force  Office  of  Scientific  Research,  the  U.  S.  Atomic  Energy 
Commission,  and  the  National  Bureau  of  Standards. 

1  Edelman,  Jones,  and  Smith,  J.  Acoust.  Soc.  Am.  27,  728  (1955). 
*  C.  F.  Bruce,  “Some  applications  of  interferometry  to  precision 
measurement,”  National  Standards  Laboratory  Technical  Paper 
No.  4,  Commonwealth  Scientific  and  Industrial  Research  Organi¬ 
zation,  Melbourne,  Australia,  1954. 


Measurement  of  small  displacements  by  the  use  of 
interferometric  fringes  illuminated  by  stroboscopic  light 
pulses  of  adjustable  phase  is  not  new.3-9  However,  our 
need  for  equipment  capable  of  handling  a  variety  of 
vibration  measuring  instruments  over  a  wide  frequency 
range  introduced  problems  which  were  somewhat  dif¬ 
ferent  from  these  faced  by  previous  workers. 

II.  OPTICAL  EQUIPMENT 

The  Fizeau  type  interferometer  is  shown  schemati¬ 
cally  in  Fig.  1.  The  lower  reflecting  surface  is  the  top  of 
a  fused  quartz  optical  flat  cemented  to  the  shake  table. 
The  upper  reflecting  surface  is  the  bottom  of  a  similar 
flat  supported  on  leveling  screws  about  1  mm  above  the 
lower  flat.  The  spacing  is  made  as  large  as  possible 
without  spoiling  the  sharpness  of  the  fringes  to  reduce 
the  effect  of  the  sound  pressure  generated  by  the  vibrat¬ 
ing  flat  on  the  upper  flat. 

The  flats  are  coated  with  multilayer  dielectric  films 
which  give  reflectivities  of  about  90%  for  light  of  5876  A 
with  little  absorption.3 4 * 6 7 8 9 10'11  The  multiple  beam  inter¬ 
ference  pattern  resulting  from  the  use  of  such  coated 
flats  consists  of  fine  dark  lines  on  a  bright  background. 

A  point  source  of  light  of  5876  A  is  formed  by  a  Cenco 
helium  spectrum  tube,  a  combination  of  interference 
and  gelatin  filters,  and  a  pinhole.  The  source  is  placed 
slightly  more  than  1°  off  the  axis  in  the  focal  plane  of 
the  collimating  lens.  The  light  reflected  from  the  flats 
after  passing  through  the  collimating  lens  is  deflected 
by  a  front  surface  mirror  into  the  viewing  system.  This 
consists  of  an  iris  diaphragm  in  the  focal  plane  of  the 
collimating  lens,  a  lens  for  shortening  the  image  distance 
to  a  convenient  size,  and  a  filar  micrometer  eyepiece 
modified  so  that  both  the  cross  hair  and  the  scale  are 
movable. 


3  Paul  Paasche,  Z.  tech.  Phys.  9,  411  (1928). 

4  W.  D.  Dye,  Proc.  Roy  Soc.  (London)  A138,  1  (1932). 

6  G.  F.  Hull,  Rev.  Sci.  Instr.  15,  340  (1944). 

6  Bruce,  Macinante,  and  Kelly,  Nature  167,  520  (March  31, 

1950).  „  /T  ,  . 

7S.  Tolansky  and  W.  Bardsley,  Proc.  Phys.  Soc.  (London) 

B64,  224  (1951).  .  ,  .  „ 

8  Bruce,  Macinante,  and  Kelly,  Australian  J.  Appl.  Sci.  4,  Zo 
(1953). 

9  E.  A.  G.  Shaw,  J.  Acoust.  Soc.  Am.  28,  38  (1956). 

10  D.  Jacquinot  and  C.  Dufour,  J.  phys.  radium  II, ,427  (1950  . 

11  Belk.  Tolanskv.  and  Turnbull,  J.  Opt.  Soc.  Am.  44,  5  (1954). 
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III.  MECHANICAL  EQUIPMENT 

The  light  source,  collimating  lens,  and  viewing  sys¬ 
tem  are  mounted  on  a  drill  press  spindle.  The  shaker 
and  flats  are  mounted  on  a  vibration  isolator  consisting 
of  a  2-ft  cube  of  concrete  which  is  suspended  on  soft 
helical  steel  springs.  The  natural  frequency  of  the  iso¬ 
lator  is  about  1  cps.  Sponge  rubber  damping  causes  any 
vibrations  which  may  arise  to  be  damped  out  in  a  short 
time. 

The  shaker  used  for  the  measurements  reported  here 
is  a  stack  of  barium  titanate  annular  disks  6  in.  in  outer 
diameter  and  2  in.  in  inner  diameter.  The  bottom  of  the 
stack  is  on  a  steel  base  supported  by  leveling  screws  and 
the  top  of  the  stack  is  cemented  to  an  aluminum  shake 
table. 

The  vibration  pickup  being  calibrated  is  attached  as 
rigidly  as  practicable  to  the  underside  of  the  shake 
table,  and  the  lower  optical  flat  is  cemented  to  the  upper 
side  of  the  shake  table  directly  above  the  pickup.  This 
insures  that  the  sensitivity  determined  by  the  calibra¬ 
tion  is  the  voltage  from  the  pickup  for  a  measured  vibra¬ 
tion  of  the  surface  to  which  the  pickup  is  attached.  If 
the  pickup  is  attached  to  the  top  of  the  shake  table  in 
the  usual  way,  the  optical  flat  must  be  placed  at  another 
point  on  the  shake  table  or  on  top  of  the  pickup.  In 
either  case,  at  high  frequencies,  incorrect  calibration 
may  result  from  relative  motion  between  the  surface  to 
which  the  pickup  is  attached  and  the  surface  of  the  flat 
where  motion  is  measured. 

The  upper  flat  is  held  in  an  aluminum  clamping  ring 
supported  on  leveling  screws  which  also  provide  a  means 
for  adjusting  the  spacing  between  flats.  At  the  sugges¬ 
tion  of  Dr.  T.  M.  Peris,  a  small,  light,  vibration  pickup 
is  cemented  to  the  clamping  ring  close  to  the  flat  to 
detect  any  motion  of  the  top  plate,  e.g.,  motion  caused 


by  sound  pressure  or  due  to  transmission  through  the 
base  of  the  shaker  and  the  leveling  screws.  No  such 
motion  has  been  present  during  any  of  the  measure¬ 
ments  made  so  far. 

IV.  ELECTRONIC  EQUIPMENT 

The  electronic  circuit  is  shown  schematically  in  Fig. 
2.  The  light  flashes  are  synchronized  with  the  motion 
by  using  the  same  oscillator  to  drive  the  lamp  and  the 
shaker.  The  frequency  of  the  oscillator  signal  is  deter¬ 
mined  by  using  an  electronic  counter  to  measure  the 
ratio  of  the  oscillator  frequency  to  the  frequency  of  one 
of  the  National  Bureau  of  Standards  standard 
frequencies. 

The  shaker  drive  circuit  following  the  oscillator  con¬ 
sists  of  a  McIntosh  power  amplifier  followed  by  an  in¬ 
ductance  chosen  to  resonate  with  the  capacitance  of  the 
shaker  at  the  frequency  in  use.  The  signal  at  the  input 
of  the  shaker  is  measured  by  a  vacuum  tube  voltmeter 
and  monitored  by  a  cathode-ray  oscilloscope. 

The  lamp  drive  circuit  following  the  oscillator  is  the 
same  as  that  described  in  our  earlier  paper1  except  that 
a  Model  2120A  Electro-Pulse,  Inc.,  pulse  generator  was 
used. 

The  signal  from  the  instrument  being  calibrated  is 
monitored  with  a  Hewlett-Packard  distortion  meter  at 
intervals  and  especially  whenever  there  is  reason  to 
suspect  anything  other  than  clean  sinusoidal  excitation. 
Even  slight  distortion  is  indicated  by  nonuniform  or 
nonrectilinear  motion  of  the  interference  fringes. 

V.  ALIGNMENT 

The  structural  isolation  of  the  flats  from  each  other, 
necessary  to  prevent  transmission  of  vibration,  causes 
some  difficulty  in  orienting  them  so  that  fringes  are 
visible.  With  the  viewing  system  and  the  upper  flat 
removed,  the  shaker  with  the  lower  flat  attached  is 
placed  so  that  an  image  of  the  point  source  of  light  is 
seen  centered  in  the  plane  of  the  iris  diaphragm.  The 
upper  flat  is  then  placed  on  its  supports  and  lowered  by 
means  of  the  leveling  screws  until  the  reflecting  surfaces 


Fig.  2,  Block  diagram  of  stroboscopic  interferometer. 
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are  approximately  parallel  and  about  a  millimeter  apart. 
As  the  reflecting  surfaces  approach  the  parallel  condi¬ 
tion,  a  number  of  images  of  the  light  source  become 
visible  in  the  mirror.  The  fainter  images  are  moved 
closer  to  the  brightest  image  and  finally  into  coincidence 
by  further  manipulation  of  the  leveling  screws.  The 
fringe  pattern  can  then  be  seen.  The  viewing  system  is 
attached  to  the  interferometer  and  the  leveling  screws 
are  again  used  to  orient  the  fringes  for  convenient 
measurement  and  to  separate  them.  We  found  it  con¬ 
venient  to  have  four  of  the  dark  fringes  in  the  field  of 
view. 

VI.  CALIBRATION  PROCEDURE 

As  described  briefly  in  Sec.  I,  the  basis  of  the  method 
is  the  use  of  the  same  scale  to  measure  the  excursion  of 
a  fringe  and  the  distance  between  fringes  so  that  the 
excursion  is  expressed  as  a  fraction  of  the  wavelength 
of  light.  The  scale  is  the  graduated  wheel  of  the  microm¬ 
eter  screw  which  moves  the  cross  hair  in  the  eyepiece 
of  the  viewing  system.  The  screw  graduations  are  supple¬ 
mented  by  a  scale  at  one  side  of  the  field  of  view  of  the 
eyepiece  which  can  be  moved  parallel  to  its  length  by 
an  ungraduated  micrometer  screw  in  the  eyepiece.  The 
eyepiece  is  constructed  so  that  one  hundred  graduations 
of  the  graduated  micrometer  screw  wheel  constitute  a 
revolution  and  move  the  cross  hair  one  unit  on  the  scale. 

Distance  between  fringes  is  measured  in  terms  of 
micrometer  screw  graduations  by  using  the  ungraduated 
micrometer  screw  to  set  one  of  the  lines  of  the  scale  on 
one  of  the  fringes,  using  the  graduated  micrometer 
screw  to  set  the  cross  hair  on  the  next  fringe,  and  then 
noting  the  number  of  graduations  of  the  micrometer 
screw  required  to  bring  the  cross  hair  into  coincidence 
with  the  line  of  the  scale  which  was  first  set  on  the  fringe. 

Similarly,  the  excursion  of  a  fringe  is  measured  in 
terms  of  micrometer  screw  graduations  by  using  the 
ungraduated  micrometer  screw  to  set  one  of  the  lines  of 
the  scale  on  one  of  the  extremes  of  the  excursion,  using 
the  graduated  micrometer  screw  to  set  the  cross  hair  on 
the  other  extreme  of  the  excursion,  and  then  noting  the 
number  of  graduations  of  the  micrometer  screw  re¬ 
quired  to  bring  the  cross  hair  into  coincidence  with  the 
line  of  the  scale  which  had  been  set. 

In  each  case,  the  procedure  starts  by  marking  the 
extremes  of  the  distance  to  be  measured  by  setting  a 
mark  on  each  extreme  separately.  Then,  when  the  two 
marks  are  set  correctly,  simultaneously,  the  distance  is 
measured  without  further  reference  to  the  fringe  pat¬ 
tern.  This  reduces  errors  which  might  otherwise  arise 
because  of  drift  of  the  fringe  pattern  during  the  time 
required  to  move  a  mark  from  one  extreme  of  the  dis¬ 
tance  to  the  other.  It  has  not  been  possible  to  prevent 
drift  of  the  fringe  pattern. 

VII.  PRECISION  OF  MEASUREMENT 

Results  of  a  typical  set  of  measurements  are  pre¬ 
sented  in  Table  I.  These  measurements  were  made  to 


Table  I.  Response  of  stack  shaker  determined  by 
stroboscopic  interferometer. 


Freq. 

cps 

Signal 
driving 
shaker 
rms  volts 

Measured 

excursion 

A 

rms  ampli¬ 
tude  A 

Shaker 

response 

A/volt 

108 

56 

306 

108.2 

1.93 

56 

304 

107.5 

1.92 

56 

284 

100.4 

1.81 

56 

303 

107.1 

1.91 

56 

306 

108.2 

1.93 

56 

297 

105.0 

1.87 

56 

306 

108.2 

1.93 

56 

300 

106.1 

1.89 

2292 

52 

275 

97.2 

1.87 

52 

265 

93.7 

1.80 

52 

274 

96.9 

1.86 

52 

272 

96.2 

1.85 

52 

263 

93.0 

1.79 

52 

265 

93.7 

1.82 

52 

247 

87.3 

1.70 

5000 

96 

645 

228 

2.36 

98 

622 

220 

2.26 

98 

604 

214 

2.18 

98 

627 

222 

2.26 

98 

629 

222 

2.28 

98 

590 

209 

2.13 

10  000 

47 

808 

286 

6.1 

48 

780 

278 

5.8 

50 

781 

276 

5.5 

49 

800 

283 

5.8 

50 

842 

298 

6.0 

20  000 

20 

651 

230 

11.2 

20 

588 

208 

10.4 

20 

567 

200 

10.0 

20 

631 

223 

11.2 

20 

616 

218 

10.9 

20 

618 

218 

10.9 

20 

638 

226 

11.0 

20 

596 

211 

10.3 

determine  the  response  of  the  shaker  rather  than  to  cali¬ 
brate  a  pickup,  but  the  measurements  are  of  the  same 
kind  and  the  results  are  representative. 

It  can  be  seen  that  the  repeated  measurements  of 
excursion  at  each  frequency  fall  within  a  range  of  ±6%. 
If  a  fringe  pattern  is  made  stationary  by  shutting  off 
the  vibration  and  connecting  the  reflecting  surfaces 
with  a  rigid  mechanical  bond,  the  hairline  can  be  set 
repeatedly  on  the  center  of  one  of  the  narrow  dark  lines 
with  a  variation  of  about  5  A.  The  much  larger  variation 
in  the  measured  excursions  is  ascribed  to  drift  of  the 
fringe  pattern,  irregularities  in  the  pulse  triggering 
voltage,  lack  of  precision  in  the  measurement  of  voltage, 
and  lack  of  flatness  in  the  reflecting  surfaces.  The  last 
of  these  appears  to  be  most  serious.  The  presence  of 
local  irregularities  in  the  flats  was  shown  by  bends  and 
kinks  in  the  dark  fringes,  which  changed  shape  as  the 
fringe  pattern  moved  across  the  field  of  view.  The  meas¬ 
ured  displacement  of  the  fringes  thus  contained  a  com¬ 
ponent  due  to  the  change  of  shape  of  the  fringe  as  it 
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moved  from  one  extreme  of  the  motion  to  the  other.  A 
new  set  of  flats  with  all  departures  from  flatness  smaller 
than  those  in  the  present  set  by  at  least  a  factor  of  10 
has  been  ordered.  It  is  hoped  that  their  use  will  result 
in  a  corresponding  improvement  in  precision. 

In  spite  of  thermal  shielding  of  the  interferometer,  it 
was  not  found  possible  to  prevent  drifting  of  the  fringe 
pattern.  The  effects  of  drift  were  minimized  by  the 
technique  of  setting  marks  at  both  extremes  of  the 
motion  simultaneously,  as  described  above,  but  it  added 
considerably  to  the  time  and  effort  required  to  make  a 
measurement  and  had  some  part  in  the  spread  of  the 
measurements. 

Irregularities  in  the  pulse  triggering  voltage  were 
caused  by  noise  in  the  driving  signal  and  combined  with 
noise  in  the  discharge  lamp  to  broaden  the  fringes 
slightly  over  their  width  with  steady  light.  This  effect 
was  only  rarely  present  and  it  is  not  considered  a  serious 
trouble.  It  can  be  reduced  to  insignificance  by  proper 
amplification  and  filtering  if  the  other  sources  of  varia¬ 
tion  are  reduced  sufficiently  to  make  this  worth  the 
trouble. 

The  voltage  driving  the  shaker  was  measured  to  two 
significant  figures  on  a  vacuum  tube  voltmeter  which 
had  been  compared  with  a  calibrated  thermal  voltmeter. 
It  is  likely  that  the  spread  would  have  been  reduced 
somewhat  if  the  voltage  had  been  read  to  three  signifi¬ 
cant  figures,  but  such  precision  was  not  needed  for  the 
purpose  of  the  measurements. 

Attempts  were  made  to  improve  the  precision  by 
averaging  over  different  parts  of  the  field  of  view  and 
also  by  driving  the  phase  shifter  with  a  slow  electric 
motor  so  that  the  fringe  pattern  appeared  to  be  in  con¬ 
stant  slow  motion.  Neither  practice  resulted  in  any 
appreciable  improvement. 


VIII.  CONCLUSIONS 

The  use  of  an  optical  interferometer  illuminated  by 
stroboscopic  monochromatic  light  makes  it  possible  to 
measure  excursions  of  the  order  of  300  A  corresponding 
to  rms  amplitudes  of  vibration  as  small  as  100  A  over 
the  audio-frequency  range,  with  an  uncertainty  no 
greater  than  6%. 

The  frequency  had  no  apparent  effect  on  the  ease  of 
measurement.  A  few  measurements  made  at  consider¬ 
ably  greater  amplitude,  which  were  not  part  of  the 
results  reported  here,  seemed  to  indicate  that  the  varia¬ 
tions  in  repeated  measurements  of  excursion  were  about 
the  same  for  large  amplitudes  as  for  small,  so  that  the 
percentage  of  variation  decreased  with  amplitude. 

The  measuring  technique  reported  here  is  time  con¬ 
suming  and  leads  to  serious  eye  fatigue.  It  is  planned  to 
improve  the  sensitivity  of  the  method  and  to  reduce  the 
fatigue  by  using  steady  light  and  achieving  the  stro¬ 
boscopic  effect  by  the  use  of  an  image  converter  with 
pulsed  focusing  voltage. 

If  the  total  excursion  of  the  fringe  pattern  is  more 
than  a  few  half  wavelengths,  the  technique  reported 
here  becomes  unreasonably  tedious.  Calibrations  can 
then  be  performed  by  the  use  of  a  photocell  and  elec¬ 
tronic  counter  to  count  the  fringes  passing  a  slot.  This 
method  of  measurement,  which  uses  averaging  provided 
by  an  imposed  linear  drift  in  addition  to  the  vibration, 
was  reported  at  the  October,  1957,  Meeting  of  the 
Acoustical  Society  and  will  be  the  subject  of  a  subse¬ 
quent  paper. 
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Impedance  Tube  Method  of  Measuring  Sound  Absorption  Coefficient 


The  method  was  first  described  by  H.  0„  Taylor  in  1913.  (Phys„  Rev.  2, 
1913,  p  270) o  More  recent  developments  are  discussed  in  a  book  "Acoustic 
Measurements"  by  L.  L.  Beranek,  p  308 „ 

The  measurements  are  made  in  accordance  with  the  Tentative  Method  of 
Test  C-384-56T  of  the  American  Society  for  Testing  Materials,,  Standing 
sound  waves  are  set  up  in  a  tube  which  is  closed  at  one  end  by  the 
material  to  be  tested.  The  ratio  of  the  maximum  and  minimum  pressures 
of  the  standing  waves  is  measured,  and  from  it  the  sound  absorption 
coefficient  for  normal  incidence  is  calculated.  If  desired,  a  semi- 
empirical  formula  can  then  be  used  to  obtain  an  approximation  to  the 
random- incidence  coefficient.  This  latter  coefficient  is  the  one  usually 
measured  in  a  reverberation  room.  The  formula  used  is  discussed  in  a 
paper  "Determination  of  Reverberant  Sound  Absorption  Coefficients  from 
Acoustic  Impedance  Measurements",  A.  London,  Journal  of  the  Acoustical 
Society  of  America,  Vo.  22,  March  1950. 

Measurements  are  made  on  three  samples  of  each  material,  all  three 
coefficients  and  their  average  being  reported. 

It  should  be  borne  in  mind  that  in  most  impedance  tube  methods  the 
sample  is  inserted  in  the  tube,  whereas  here  the  sample  overlaps  the  end 
of  the  tube.  This  latter  arrangement  is  more  convenient  experimentally. 

The  inaccuracy  in  the  measured  coefficient  due  to  the  sound  energy  which 
escapes  through  the  open  edge  of  the  sample  we  estimate  to  be  very 
slight,  since  the  diameter  of  the  tube  is  large  relative  to  the  thick¬ 
ness  of  the  acoustic  materials  tested. 

The  tube  is  made  of  3/16"  aluminum;  it  is  8"  in  diameter  and  24" 
long.  The  sound  source  is  a  6"  speaker  mounted  at  one  end  of  the  tube. 

The  sound  is  picked  up  on  a  crystal  microphone,  the  response  of  which 
is  amplified,  filtered  and  measured  on  a  vacuum  tube  voltmeter. 

The  disadvantages  of  the  method  are  1. ,  that  the  normal  incidence 
coefficient  is  measured  and  not  the  more  useful  random  incidence  coef¬ 
ficient  and  2. ,  that  mounting  conditions  used  in  actual  installations 
cannot  be  duplicated  very  well  on  the  small  samples  used.  Thus,  normal 
incidence  coefficients  as  measured  by  this  method  are  not  generally  of 
direct  use  to  the  architect,  but  they  are  useful  in  the  development  and 
manufacturing  control  of  acoustic  materials. 

Frequencies  at  which  coefficients  are  measured. 

500  cps  only. 
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Accuracy  of  Tests „ 


Coefficients  measured  by  the  long  tube  method  are  repeatable  within 
±0.03  on  the  same  piece  of  materialo 

Amount  of  material  required  for  a  test. 

Three  pieces  of  material  are  needed,  each  having  no  lateral  dimen¬ 
sion  less  than  10-1/2"  and  preferably  with  no  dimension  greater  than  15", 

Types  of  mounting  available,, 

Acoustical  tiles  are  backed  by  a  rigid  steel  plate,  1/2"  thick. 

Some  materials  are  flexible  enough  to  absorb  sound  by  diaphragmatic 
action,  that  is,  by  flexural  vibration  of  the  piece  of  material.  However 
most  acoustic  materials  absorb  sound  in  a  different  manner  by  remaining 
stationary  and  allowing  the  air  vibrations  to  be  damped  out  in  the  pores. 
In  cases  where  diaphragmatic  absorption  is  considerable  a  particular  sup¬ 
port  or  backing  should  be  specified;  or  such  absorption  can  be  eliminated 
by  bonding  the  material  to  a  rigid  base. 

If  a  plaster  or  sprayed-on  material  is  to  be  tested,  the  standard 
types  of  application  are  used. 

Procedure  for  painting  samples. 

Materials  may  be  painted  as  for  the  reverberation  room  test. 

Cost  of  test. 


The  fee  is  $83.00  for  each  material. 

Time  required  for  test. 

Results  are  usually  reported  within  3  weeks  of  receiving  samples. 
Procedure  for  requesting  a  test. 

Before  a  test  can  be  started,  a  purchase  order  or  letter  formally 
requesting  the  test  must  be  received.  Letters  should  be  addressed  to: 
Dr.  A.  V.  Astin,  Director,  National  Bureau  of  Standards,  Washington  25, 
D.  C.,  and  marked  for  the  attention  of  Dr„  R.  K.  Cook,  Chief,  Sound 
Section. 

Returning  of  test  material. 

Test  materials  are  not  returned  unless  this  is  requested. 


813/2 


Reprinted  from  The  Journal  of  the  Acoustical  Society  of  America,  Vol.  22,  No.  2,  263-269,  March,  1950 


The  Determination  of  Reverberant  Sound  Absorption  Coefficients  from 
Acoustic  Impedance  Measurements 

Albert  London 

National  Bureau  of  Standards,  Washington,  D.  C. 

(Received  November  1,  1949) 


A  method  is  described  for  utilizing  normal  absorption  coeffi¬ 
cient  or  acoustic  impedance  measurements  to  predict  reverberant 
sound  absorption  coefficients.  The  average  of  coefficients  for  the 
six  standard  frequencies  determined  from  acoustic  impedance 
measurements  agrees  closely  with  the  average  reverberant  coeffi¬ 
cient,  for  cases  where  the  material  may  be  said  to  obey  the  normal 
impedance  assumption.  The  normal  absorption  coefficients  of 
some  26  different  acoustic  materials  were  measured  at  512  c.p.s. 
Using  the  method  given  in  the  paper,  the  predicted  reverberant 
coefficient  deviated  from  the  measured  reverberant  coefficient  by 
0.05  or  less  for  18  materials,  while  in  only  3  cases  were  the  devia¬ 


tions  greater  than  0.10.  The  method  should  be  particularly  appli¬ 
cable  to  the  problem  of  acceptance  testing  of  installed  acoustic 
materials. 

In  the  theoretical  development,  best  agreement  with  experiment 
was  obtained  by  introducing  a  new  kind  of  reverberant  statistics 
which  associates  with  each  wave  packet  in  a  random  field  a  scalar 
quantity  equal  to  the  square  of  the  absolute  value  of  the  sound 
pressure  in  each  packet,  instead  of  the  customary  energy  flow 
treatment.  Also,  it  was  found  necessary  to  carry  out  the  analysis 
using  a  concept  of  equivalent  real  impedance  to  replace  the  usual 
complex  impedance. 


I.  INTRODUCTION 

T  T  would  be  of  considerable  technological  importance 
if  it  were  possible  to  determine  from  laboratory 
measurements  on  small  samples  the  sound  absorption 
coefficient  one  might  expect  to  measure  on  large  samples 
placed  in  a  reverberant  test  chamber.  A  similar  problem 
is  that  of  the  field  measurement  of  an  acoustic  material 
already  applied  to  the  walls  of  a  room.  In  particular, 
difficulty  is  often  experienced  with  acoustic  plasters 
whose  acoustic  properties  may  be  ruined  by  improper 
application.  In  this  case  it  is  of  prime  importance  to  be 
able  to  measure  the  coefficient  in  the  field  in  order  to 
check  compliance  with  purchase  specifications  which 
are  based  on  reverberation  room  coefficients. 

In  large  rooms  or  auditoriums  it  may  be  possible  to 
obtain  an  approximate  idea  of  the  field  absorption 
coefficient  by  measuring  the  reverberation  time.  How¬ 
ever,  in  small  rooms,  corridors,  or  other  open  spaces,  it  is 
not  possible  to  use  the  reverberation  time  technique. 
Measurement  of  the  acoustical  impedance  of  the  ma¬ 
terial  using  tube  methods,  or  short  tube  methods  as 
developed  by  Cook1  and  Mawardi2  seems  to  be  a  prac¬ 
tical  procedure  readily  applicable  to  use  in  the  field  on 
those  materials  for  which  the  absorption  is  due  to  the 
surface  and  not  to  mounting  effects. 

In  any  acoustic  impedance  tube  measurement,  what 
is  in  reality  measured  is  the  absorption  coefficient  for 
normal  incidence.  Accordingly,  the  problem  reduces  to 
one  of  relating  the  reverberant,  or  random  incidence 
absorption  coefficient  to  the  normal  incidence  coeffi¬ 
cient.  In  the  following,  we  deduce  such  a  relationship 
which  apparently  agrees  on  the  average  with  data 
obtained  for  a  considerable  number  of  materials.  There 
are  certain  difficulties  associated  with  the  treatment 
which  will  be  discussed  in  detail. 


II.  RELATION  BETWEEN  ACOUSTIC  IMPEDANCE 
AND  NORMAL  AND  RANDOM 
INCIDENCE  COEFFICIENTS 


Paris3  first  derived  an  expression  (Eq.  (1))  for  the 
sound  absorption  coefficient,  ae,  for  a  wave  incident  at 
angle  d  on  an  acoustic  material  which  has  an  acoustic 
impedance  Z : 


ae—  1  — 


(Z/ pc)  cosd—  1 
(Z/ pc)  COS0+1 


2 

J 


(1) 


where  pc  is  the  acoustic  impedance  of  air. 
Let 

Z/pc  =  z=r-\-jx. 

Then  Eq.  (1)  may  be  written 

4 r  cosd 

ae  = - . 

( r  cos0+  l)2+x2  cos20 


(2) 

(3) 


From  (3)  th6  normal  incidence  coefficient  a0,  is 

4  r 

«o  = - •  (4) 

(r+l)2+*2 

Using  the  customary  reverberant  sound  field  statistics, 
the  random  incidence  coefficient  a,  is  defined  by 

/%  *72 

3=2  I  ae  cos0  sin  Odd  (5) 

Jo 


and  substituting  (3)  into  (5)  results  in 


Sr 

ap  — - 

x2-\-r2 


r2—x2 

1+ - 

x{x2-\-r 2) 


- —  ln[(l+r)2+*2]  .  (6) 

x2+r2  I 


1  R.  K.  Cook,  J.  Acous.  Soc.  Am.  19,  922  (1947). 

2  O.  K.  Mawardi,  J.  Acous.  Soc.  Am.  21,  84  (1949).  3  E.  T.  Paris,  Proc.  Roy.  Soc.  115,  407  (1927). 
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Equation  (6)  was  first  derived  by  Paris4  in  terms  of  the 
acoustic  admittance  while  similar  formulations  are  given 
by  Morse,  Bolt,  and  Brown5  and  by  Morse.6 

In  the  paper  by  Morse,  Bolt,  and  Brown,5  dp  was 
compared  with  the  reverberant  sound  absorption  coeffi¬ 
cient  ow.m.a.  given  by  the  Acoustic  Materials  Associa¬ 
tion  for  four  different  commercial  acoustic  materials. 
The  acoustic  impedance  measurements  were  those  of 
Beranek.7  Their  conclusions  were: 

(1)  Above  2000  c.p.s.,  cca.m.a.  corresponds  to  dp, 
indicating  adequate  diffusion  in  the  sound  chamber 
such  that  the  conditions  of  random  incidence  and  uni¬ 
form  energy  distribution  are  satisfied. 

(2)  Below  about  500  c.p.s.,  cka.m.a.  usually  approxi¬ 
mates  what  Morse,  Bolt,  and  Brown  call  an,  the  normal 
absorption  coefficient,  which  is  the  coefficient  for  normal 
incidence  for  a  large  number  of  normal  modes  and 
which  has  the  approximate  value  of 

r/(r2+x2).  (7) 

In  the  cases  where  o:a.m. a.  is  larger  than  an  at  low  fre¬ 
quencies,  they  attribute  this  discrepancy  to  mounting 
conditions  and  sample  size.  At  low  frequencies,  then, 
there  is  presumed  to  be  incomplete  diffusion  in  the 
reverberant  chamber. 

(3)  The  region  between  500  to  2000  c.p.s.  is  inter¬ 
mediate  in  the  diffusion  between  that  corresponding  to 


Fig.  1.  View  showing  vanes  in  the  reverberation  room  of  the 
National  Bureau  of  Standards. 


a„  and  that  corresponding  to  the  completely  random 
coefficient  dp. 


4  E.  T.  Paris,  Phil.  Mag.  5,  489  (1928). 

5  Morse,  Bolt,  and  Brown,  J.  Acous.  Soc.  Am.  12,  217  (1940). 

6  P.  M.  Morse,  Vibration  and  Sound  (McGraw-Hill  Book  Com¬ 
pany,  Inc.,  New  York,  1948),  2nd  edition,  p.  388. 

7  L.  L.  Beranek,  J.  Acous.  Soc.  Am.  12,  14  (1940). 


(4)  For  low  frequencies  the  decay  curve  will  be  a 
broken  line,  the  slope  of  the  initial  straight  portion, 
covering  approximately  the  first  30  db  of  decay,  corre¬ 
sponding  to  a„. 

In  discussing  the  above  conclusions  relative  to  the 
experimental  technique  utilized  in  the  reverberant  test 
chamber  of  the  National  Bureau  of  Standards,  one 
must  raise  the  following  points : 

(1)  It  is  difficult  to  see  how  a  very  close  approxima¬ 
tion  to  complete  diffusion  cannot  help  but  be  assured  by 
the  use  of  two  vanes  some  8  feet  by  8  feet  in  size 
(Fig.  1). 

(2)  Even  at  low  frequencies  linear  decay  curves  are 
obtained  over  a  range  of  at  least  50  db  at  128  c.p.s. 
and  up  to  70  db  at  256  c.p.s. 

(3)  Linear  decay  curves  can  be  obtained  by  restrict¬ 
ing  the  amount  of  material  introduced  into  the  chamber 
to  72  sq.  ft.  in  accordance  with  the  results  obtained  by 
Chrisler.8  This  material  is  placed  on  the  floor  which 
has  a  total  area  of  750  sq.  ft. 

In  what  follows,  we  shall  consider  a  somewhat  differ¬ 
ent  method  of  deriving  a  reverberant  sound  absorption 
coefficient,  one  which  on  the  average  is  in  better  agree¬ 
ment  with  experiment  than  dp.  In  addition  a  somewhat 
simplified  and  hence  semi-empirical  method  will  be  de¬ 
scribed  which  enables  one  to  predict  the  reverberant 
coefficient  from  a  measurement  of  r  and  x,  to  within 
an  accuracy  of  0.05  in  the  average  absorption  coefficient 
for  the  range  of  128  to  4096  c.p.s. 

It  will  be  convenient  to  discuss  the  latter  method 
first. 

Davis9  in  his  book  Modern  Acoustics  discusses  the 
relationship  between  the  reverberant  coefficient  and 
the  coefficient  obtained  from  a  tube  measurement  which 
he  calls  the  stationary-wave  coefficient  but  which  in 
reality  corresponds  to  the  coefficient  a0.  Figure  2  is  a 
reproduction  of  Fig.  80  in  his  book  in  which  is  shown  a 
graph  of  the  relationship  between  the  ratio  of  rever¬ 
berant  to  stationary-wave  coefficient  as  a  function  of 
stationary-wave  coefficient  at  a  frequency  of  about  500 
c.p.s.  The  best  smooth  curve  was  drawn  through  11 
experimental  values.  It  should  be  noted  that  the  experi¬ 
mental  points  were  deduced  from  published  values  of 
reverberation  coefficients  obtained  at  different  times 
and  in  different  countries  while  ao  was  measured  by 
Davis  and  Evans.10 

The  curve  of  Fig.  2  can  be  almost  fitted  exactly  by 
the  following  procedure : 

(1)  It  is  assumed  that  for  a  given  value  of  a0,  deter¬ 
mined  from  r  and  x  by  Eq.  (4),  one  can  define  an 
equivalent  impedance  ze,  which  is  real,  and  which 


8  V.  L.  Chrisler,  J.  Research  Nat.  Bur.  of  Stand.  13,  169  (1934), 
RP  700. 

9  A.  H.  Davis,  Modern  Acoustics  (G.  Bell  and  Sons,  London, 
1934),  p.  216. 

10  A.  H.  Davis  and  E.  J.  Evans,  Proc.  Roy.  Soc.  117,  89  (1930). 
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therefore  may  be  obtained  from  Eq.  (1)  by  writing 


or  substituting  (9)  into  (14),  we  have 


ao=  1  — 


4  ze 

(z<>+ 1)2 


(8) 


ixK  ~ 


rl-(l-a0)h2f 

8 - 

Ll  +  (1-«0)U  I 


2 

1  —  (1  —  tt0)J 


Equation  (8)  tlius  results  in  two  solutions  for  ze.  How¬ 
ever  only  the  solution, 


l  +  a-ao)1 

zc  =  — - - — 

l-(l-ao)* 


(9) 


is  compatible  with  experimental  results. 

(2)  The  random  incidence  coefficient,  ae*,  corre¬ 
sponding  to  a0  is  then  defined  by 

7r/2 

j  1  —  [(zecos0—  1)/ (zecos0-f-  l)]2}  sin  Odd 

- •  (10) 

7T  /  2 

sin  6d6 


Here  we  note  two  departures  from  the  definition  of 
random  incidence  coefficient  a  as  given  in  Eq.  (5). 
First,  we  make  use  of  a  different  type  of  reverberant 
statistics,  or  averaging  with  respect  to  0,  as  evidenced 
by  the  fact  that  the  cos0-factor  does  not  appear  in  the 
integral.  A  discussion  of  this  type  of  statistics  appears 
below.  The  *  superscript  will  be  used  to  refer  to  this 
type  of  averaging.  Second,  in  ae,  Eq.  (1),  we  have 
introduced  the  equivalent  impedance  ze  and  use  the 
resulting  expression  in  Eq.  (10).  The  subscript  e  will 
be  used  to  indicate  the  introduction  of  ze. 

Carrying  out  the  integration  (10)  results  in  the 
following  equation : 


*_ 


ln(l-f  ze)  —  - 


1  +  Ze 


(ID 


or  substituting  (9)  into  (11),  we  have 

rl-U-ao)*- 


=  4 


Ll+(l  —  «o)M 


X  I  ln2  —  5  —  ln[l—  (1  —  a0)']- 


(1  —  ao)1 


It  will  also  be  of  interest  to  evaluate 


r  i.-[ 


(Ze  COSff—  l)"]2 


^(Ze  COS0T  1)- 


cosd  sin  Odd 


ae  = 


1 


7T/2 


cos0  sin  Odd 


which  turns  out  to  be 


-  \ 

zA 


8 

— I  l+ze 


l  +  z« 


■2  ln(l-fze) 


(12) 


(13) 


(14) 


1  —  (1  —  Ofo)  “  rl—  (1  —  ao)* 

- 2  In  - - 

2  L  2 


(15) 


Fig.  2.  Plot  showing  the  relationship  between  the  ratio  of 
reverberant  to  stationary-wave  coefficient  as  a  function  of  sta¬ 
tionary  wave  coefficient  at  a  frequency  of  about  500  c.p.s.  as 
given  by  Davis  and  Evans. 


Figure  3  is  a  comparison  between  ae*/a0  vs.  a0  as 
computed  from  Eq.  (12),  ae/a0  vs.  a0  as  computed  from 
Eq.  (15)  and  arev/a 0  vs.  a0  as  given  by  Davis  where 
arev  is  the  absorption  coefficient  measured  in  a  rever¬ 
berant  test  chamber.  It  will  be  seen,  that  for  a0  below 
0.40,  the  a*/  a  0  curve  is  in  much  better  agreement  with 
the  experimental  values  than  the  ae/a0  curve.  For 
cto>0.40,  both  ae*/a0  and  ae/a0  are  in  close  agreement. 
Experimental  values  of  a0,  however,  do  not  exceed  0.60 
so  that  it  is  not  possible  to  check  the  extent  to  which 
ae*  or  ae  agrees  with  experiment  for  the  larger  values 
of  a0- 

Figure  4  is  a  plot  which  gives  directly  ae*  and  ae  as 
a  function  of  a0- 

We  are  thus  led  to  the  tentative  conclusion  that  the 
star-type  statistics  as  defined  by  Eq.  (10)  appears  to 
be  in  better  agreement  with  experiment  than  the  bar- 
type  statistics,  as  defined  by  Eq.  (14).  Further  cor¬ 
roboration  of  this  tentative  conclusion  will  be  given 
below  in  connection  with  the  four  commercial  materials 
previously  mentioned,  for  which  we  will  compare 
arev,  oLe*,  ae,  a*,  and  ap,  where  in  the  latter  two  coeffi¬ 
cients  we  drop  the  equivalent  treatment  and  work 
directly  with  the  real  and  imaginary  component  of  the 
impedance.  That  is,  a*  is  defined  by  analogy  with 
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Eq.  (10)  as 

,1/  2 


/ 

n 


1—  |  (z  cosf? —  1)/ (z  COS0+1)  1 2j  sin  Odd 


I 


7T/2 


sin  Odd 


or 


: - -I  -  ln[x2+(r+l)23 —  tan-1 

x2+r2l2  *  V1  + 


(=))■ 


(16) 


(17) 


Fig.  3.  Comparison  between  the  Davis  and  Evans  curve  (Fig.  2), 
ae*/ao  vs.  a0,  and  ae/ao.  See  text. 


It  is  advantageous  at  this  point  to  discuss  the  assump¬ 
tions  inherent  in  the  star-type  statistics.  We  consider 
(Fig.  5)  a  point  0  of  the  elementary  area  dS  located  at 
the  origin  of  a  spherical  coordinate  system.  We  assume 
that  wave  packets  strike  point  0  uniformly  from  all 
directions.  The  number  of  packets  striking  0  from  a 
solid  angle  dQ,  will  thus  be  proportional  to  dtt.  We 
assume  that  each  wave  packet  carries  with  it  a  scalar 
quantity  \pi\2  which  does  not  vary  with  angle  of  in¬ 
cidence  and  which  is  the  square  of  the  acoustic  pressure 
in  the  wave.  Thus,  if  P,2  is  the  sum  of  the  individual 
\pi\ 2  wave  packets  incident  at  0,  then 

r%  2  it  tt/2 

Pi2  =  B\pl(d)\2  I  d<t>  I  sin 6d6,  (18) 

•^o  *'o 


where  B  is  a  constant  of  proportionality,  while  the  total 
amount  which  is.  absorbed  is  given  by 

Jr»2)r  y»ir/2 

d<p  I  ag\pi(6)\2  sinddd  (19) 

o  *^o 


since  ag  is  in  reality  given  by11 


ag=  1  — 


PrV)  2 

PM) 


(20) 


where  pT{d)  is  the  reflected  pressure  amplitude  of  a  wave 
incident  at  angle  6  while  pi{6)  is  similarly  the  incident 
pressure  amplitude.  Thus 


Pabs2 

Pi 2 


I 


tt/2 

ctg  si nddd 


sin  QdO 


(21) 


since  |  p%(0)  1 2=  |  pi  | 2,  independent  of  angle  of  incidence. 

It  is  to  be  noted  that  had  we  used  energy  as  the  scalar 
quantity  associated  with  each  wave  packet,  it  would 
have  been  necessary  to  define  the  intensity  as  the 
amount  of  energy  transmitted  through  unit  area  per 
unit  time.  This  would  immediately  have  required  the 
amount  of  energy  striking  dS  to  be  proportional  to 
dS  cos0  and  to  the  solid  angle  dft,  thus  giving  rise  to 
the  usual  bar-type  statistics.  It  seems  more  reasonable 
to  associate  the  quantity  \p\ 2  with  each  wave  packet 
for  two  reasons : 

(1)  The  absorption  coefficient  as  a  function  of  angle 
of  incidence,  a$,  is  given  by  Eq.  (20)  directly  in  terms 
of  the  ratio  of  squares  of  the  absolute  values  of 
pressures. 

(2)  In  any  reverberant  test  chamber  setup,  it  is 
customary  to  use  pressure  microphones,  so  that  the 
quantity  jvp|2  is  what  is  actually  measured. 

While  it  is  still  necessary  that  the  sound  field  be  com¬ 
pletely  random  in  phase  in  order  to  sum  the  |  p  | 2  of  the 
individual  packets,  it  is  not  necessary  to  assume  that 
\p\2  is  proportional  to  total  energy.  In  many  cases, 
especially  at  the  lower  frequencies,  this  may  not  be 
true  at  all. 

The  extent  to  which  the  star-type  statistics  is  superior 
to  the  bar-type  statistics  is  indicated  in  Table  I.  Here 
we  list  the  four  commercial  materials  discussed  by 


11  See  reference  6,  p.  367. 
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Morse,  Bolt,  and  Brown.5  The  impedance  terms  r  and  x 
were  read  directly  from  the  curves  given  by  Beranek.7 
The  coefficients  arev  are  the  A.M.A.  coefficients  as  read 
from  the  graphs,5  while  ap,  the  reverberant  coefficient 
of  Paris,  Eq.  (6),  were  also  read  from  the  graphs.  The 
coefficients  a*,  ae,  a*  have  been  previously  defined. 

In  Table  II,  the  difference  in  average  coefficient 
(average  for  all  frequencies)  relative  to  the  experi¬ 
mental  aTev  is  listed. 

In  practically  every  case  the  star-type  coefficient  is 
equal  to  or  better  than  the  corresponding  bar-type 
coefficient.  Whereas,  ae  is  usually  a  close  approximation 
to  ap,  a*  is  usually  much  closer  to  arev  than  a*.  The 
coefficient  ae*  in  each  case  gives  the  closest  approxi¬ 
mation  to  arev,  and  with  the  exception  of  Acoustex  is 
within  0.05  of  arev  In  the  case  of  Acoustex,  there  is 
some  indication  that  the  reverberant  coefficient  is  too 
high  at  the  three  lowest  frequencies  relative  to  other 
results  obtained  on  the  same  material.  The  results  on 
o: rev  given  in  Table  I  were  apparently  obtained  from 
Bulletin  VII  of  the  Acoustic  Material  Association 
published  in  April,  1940.  Bulletin  No.  VIII  published 
June,  1941  lists  Acoustex  mounted  on  1X2  furring 
strips,  which  customarily  gives  higher  results  at  the 
lowest  frequencies  than  the  rigid  mounting  coefficients 
reported  in  Table  I,  with  coefficients  of  0.09  and  0.25  at 
128  and  256  c.p.s.  respectively,  while  some  data  ob¬ 
tained  and  published  in  Letter  Circular  LC-506,  Oc¬ 
tober,  1937,  at  the  National  Bureau  of  Standards,  lists 
coefficients  of  0.19  and  0.41  at  256,  and  512  c.p.s., 
which  are  in  close  agreement  with  ae*.  It  is  not  known 
to  what  extent  the  acoustic  impedance  samples  were 
selected  from  the  same  batch  or  samples  which  were 
used  in  the  reverberation  tests.  In  fact,  it  would  appear 
that  this  was  not  done,  the  reverberant  coefficients 
apparently  being  taken  from  published  data  of  the 
A.M.A.  The  only  reliable  procedure  would  be  to  carry 
out  the  acoustic  impedance  measurements  and  rever¬ 
beration  measurements  on  the  same  batch.  In  any 
event,  it  still  appears  that,  technologically  speaking, 
ae*  is  a  close  approximation  on  the  average  to  arev 
and  hence  may  be  a  useful  tool  in  field  measurements. 

It  will  be  of  interest  to  apply  this  type  of  analysis  to 
an  absorbent  material  which,  on  the  basis  of  previous 
experiments,  apparently  does  not  have  a  normal  acoustic 
impedance;  that  is,  the  ratio  of  pressure  to  normal 
component  of  velocity  is  not  independent  of  angle  of 
incidence.  In  this  event,  ae  is  not  given  by  Eq.  (1)  and 
the  variation  of  a  with  0  must  be  determined  if  an 
integration  of  a  over  6  is  to  be  carried  out.  Cook  and 
Chrzanowski,12  in  an  investigation  at  the  National 
Bureau  of  Standards  of  the  absorption  of  sound  by 
spheres  having  a  hair-felt  surface,  concluded  that  the 
normal  impedance  assumption  apparently  was  not 
valid  for  hair-felt.  Inasmuch  as  they  give  both  acoustic 
impedance  measurements  and  reverberation  room  coeffi- 

12  R.  K.  Cook  and  P.  Chrzanowski,  J.  Acous.  Soc.  Am.  21,  167 
(1949). 


Fig.  5.  Representation  of  solid  angle  used  in  star-type  statistics. 

cients  made  on  the  same  bath  of  hair-felt,  uncertainty 
on  this  score  will  be  eliminated. 

In  Figs.  6  and  7  we  compare  arev,  a*,  and  ap  for 

Table  I. 


Acoustex. 


/(c.p.s.) 

r 

X 

«o 

&rev 

ae 

a* 

ap 

128 

2.6 

-21.0 

0.023 

0.24 

0.09 

0.04 

0.07 

0.09 

256 

1.9 

-11.2 

0.057 

0.29 

0.19 

0.10 

0.13 

0.12 

512 

1.5 

-  5.2 

0.180 

0.60 

0.42 

0.30 

0.28 

0.27 

1024 

1.5 

-  1.6 

0.681 

0.95 

0.83 

0.82 

0.69 

0.74 

2048 

2.2 

+  1.3 

0.738 

0.83 

0.85 

0.86 

0.79 

0.85 

4096 

4.3 

-  0.6 

0.605 

0.75 

0.79 

0.76 

0.79 

0.77 

Av.  (128^1096) 

0.61 

0.53 

0.48 

0.46 

0.47 

Celotex  C-4,  l£" 

128 

2.6 

-12.0 

0.066 

0.27 

0.22 

0.12 

0.16 

0.13 

256 

2.5 

-  6.2 

0.197 

0.46 

0.44 

0.32 

0.34 

0.32 

512 

2.6 

-  1.8 

0.642 

0.98 

0.81 

0.79 

0.75 

0.86 

1024 

2.8 

+  2.0 

0.607 

0.79 

0.79 

0.76 

0.74 

0.72 

2048 

5.4 

+  5.0 

0.327 

0.55 

0.59 

0.48 

0.55 

0.48 

4096 

10.0 

+  0.5 

0.330 

0.51 

0.60 

0.49 

0.60 

0.48 

Av.  (128-4096) 

0.60 

0.58 

0.49 

0.52 

0.50 

Permacoustic,  1" 

128 

3.2 

-13.7 

0.062 

0.21 

0.20 

0.10 

0.15 

0.14 

256 

3.6 

-  6.6 

0.222 

0.48 

0.48 

0.36 

0.40 

0.36 

512 

4.0 

-  3.3 

0.446 

0.76 

0.69 

0.62 

0.64 

0.58 

1024 

5.0 

-  1.8 

0.510 

0.72 

0.74 

0.68 

0.73 

0.68 

2048 

4.0 

-  1.6 

0.580 

0.75 

0.78 

0.74 

0.76 

0.73 

4096 

3.0 

-  1.6 

0.646 

0.74 

0.81 

0.80 

0.78 

0.78 

Av. (128-4096) 

0.61 

0.62 

0.55 

0.58 

0.55 

.Temcoustic.  i" 

128 

13.5 

-30.4 

0.048 

0.16 

0.16 

0.08 

0.15 

0.11 

256 

14.5 

-17.0 

0.110 

0.28 

0.31 

0.18 

0.28 

0.16 

512 

13.5 

-11.0 

0.163 

0.43 

0.39 

0.27 

0.37 

0.28 

1024 

12.0 

-  6.5 

0.227 

0.49 

0.48 

0.36 

0.47 

0.38 

2048 

12.2 

0 

0.280 

0.44 

0.54 

0.43 

0.54 

0.44 

4096 

9.8 

+  2.5 

0.318 

0.58 

Av.  (128-2048) 

0.36 

0.37 

0.30 

0.36 

0.27 

Table  II.  Difference  in  average  coefficient  relative  to  arev. 


ae* 

ae 

a* 

ap 

Acoustex 

-0.08 

-0.13 

-0.15 

-0.14 

Celotex  C-4,  1|" 

-0.02 

-0.11 

-0.08 

-0.10 

Permacoustic,  1" 

+0.01 

-0.06 

-0.03 

-0.06 

Temcoustic, 

+0.01 

-0.06 

+0.00 

-0.09 
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Fig.  6.  Comparison  between  measured  reverberant  coefficient 
and  predicted  reverberant  coefficient  <*<,*  for  a  single  layer  of 
hair-felt,  ap  is  the  reverberant  coefficient  first  derived  by  Paris. 
Hair-felt  is  presumed  to  violate  the  normal  impedance  assumption. 


Table  III.  Hair  felt  coefficients. 


Frequency 

c.p.s. 

or  rev 

Single  layer 
ate* 

ap 

are  v 

Double  layer 
ae* 

ap 

128 

0.10 

0.06 

0.02 

0.20 

0.19 

0.10 

256 

0.34 

0.17 

0.08 

0.66 

0.44 

0.26 

512 

0.62 

0.38 

0.21 

0.88 

0.75 

0.57 

1024 

0.72 

0.66 

0.43 

0.92 

0.86 

0.86 

2048 

0.75 

0.86 

0.75 

0.87 

0.85 

0.96 

4096 

0.80 

0.86 

0.91 

0.85 

0.85 

0.92 

Av.  (128- 

4096) 

0.55 

0.50 

0.40 

0.73 

0.66 

0.61 

a  single  and  double  layer  of  hair-felt.  It  will  be  seen 
that  in  each  case  ae*  is  a  much  closer  approximation  to 
arev  than  ap.  In  Table  III  we  consider  the  average 
values  of  the  various  coefficients  for  the  six  standard 
frequencies. 

The  lack  of  very  close  agreement  between  ae*  and 
arev  may  in  part  be  attributed  to  the  failure  of  the 
normal  impedance  assumption. 

A  further  test  of  the  extent  of  agreement  between  ae* 
and  arev  was  made  in  our  laboratory  at  512  c.p.s.  by 
measuring13  the  a0  of  samples  which  had  been  measured 
in  the  reverberation  room.  A  tube  having  a  9f  inch 
diameter  was  used  and  a0  was  obtained  directly  by 
measuring  the  ratio,  p,  of  a  pressure  maximum  to  the 
adjacent  pressure  minimum.  The  absorption  coefficient, 
ao,  is  given  by9 

a0  =  4p/(l  +  p)2.  (22) 

Table  IV  lists  the  results  obtained  on  twenty-six  differ¬ 
ent  materials.  Measurements  were  made  on  several 
different  pieces  of  tile  (usually  3)  of  the  72  sq.  ft.  used 
in  the  reverberation  room  test.  In  most  cases,  ae *  as 
measured  had  a  maximum  deviation  of  about  0.04  for 
different  pieces  of  the  same  material.  The  coefficient 
listed  in  the  table  is  the  average  for  the  several  pieces 
used  in  the  measurements.  In  cases  where  ae*  varied 


13  These  measurements  were  made  by  Seymour  Edelman  and 
Earle  Jones. 


Fig.  7.  Comparison  between  measured  reverberant  coefficient 
and  predicted  reverberant-coefficient  a*  for  two  layers  of  hair- 
felt.  ap  is  the  reverberant  coefficient  first  derived  by  Paris 
Hair-felt  is  presumed  to  violate  the  normal  impedance  assumption. 

excessively  between  different  tiles,  the  individual  meas¬ 
urements  are  listed. 

Of  the  26  materials  listed  in  Table  IV,  18  values  of 
ae *  deviate  from  arev  by  0.05  or  less,  5  deviations  fall  in 
the  range  of  0.06  to  0.10,  while  only  three  have  devia¬ 
tions  greater  than  0.10.  It  is  interesting  to  observe  that 
entries  1,  2,  and  5,  which  are  Acousti-Celotex  tiles,  -all 
deviate  by  0.10  or  more,  indicating  that  possibly  the 
mechanism  of  sound  absorption  is  such  as  to  violate 
the  normal  impedance  assumption.  Inasmuch  as  it  is 
impossible  to  get  an  ac*  greater  than  0.86,  one  would 
expect  1  and  2  to  deviate.  In  the  case  of  1,  the  a0  which 


Table  IV.  Tabulation  of  a*—  arev  vs.  arev  at  512  c.p.s. 


Material 

arev 

ore*  «re  v 

1.  If"  C-4  Celotex  R.I.  finish 

0.97 

-0.11 

2.  1  C-4  Celotex  slow  burning 

0.94 

-0.10 

3.  1"  Certile 

0.83 

-0.07 

4.  1"  Fiberglas  tile  perforated 

0.79 

-0.05 

5.  C-9  Celotex 

0.78 

-0.10 

6.  xt”  Travacoustic  fissured 

0.78 

-0.05 

7.  i"  Certile 

0.75 

-0.03 

8.  Travacoustic  fissured 

0.72 

-0.04 

9.  §"  Fiberglas  tile  perforated 

0.71 

+  0.04 

10.  f"  Firtex,  perforated 

11.  jf"  Kelly  Island  tile,’  per- 

0.71 

-0.01 

forated 

0.69 

-0.02 

12.  Fiberglas  tile  fissured 

0.68 

+0.03 

13.  1"  Quietone,  perforated 

0.68 

+0.04 

14.  1"  Firtex,  perforated 

0.68 

-0.04 

, 

—  0.16a 

15.  Jx”  Insulite  acoustilite 

0.66 

-0.06 

-0.15 

-0.12 

16.  Jf”  Dan  tore  fissured 

0.66 

-0.02 

17.  Fiberglas  tile  plain 

0.65 

+0.07 

18.  xt”  Dantore  fissured 

0.65 

-0.03 

19.  Hansonite  perforated 

0.62 

-0.05 

20.  f"  Travacoustic  fissured 

0.62 

-0.01 

21.  Firtex  perforated 

0.55 

-0.02 

22.  1"  Softone 

0.53 

—  0.04b 
-0.15 

-0.10 

23.  Sabinite  No.  1  Plaster 

0.48 

+0.03 

24.  Sabinite  No.  2  Plaster 

0.48 

+0.04 

25.  Softone 

0.41 

-0.05 

26.  f"  Acoustex,  type  40  R 

0.37 

+0.19 

*  Individual  differences  for  3  pieces  of  tile. 
b  Individual  differences  for  2  pieces  of  tile. 
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l^ABLE  V.  Oie  OC rev  VS.  ftrev- 


ae*  —  arev 

ae *  arev 

12" XI 2" 

9|"  diameter 

Materia! 

rev 

tile  flush 

sample  in  tube 

5. 

f"  C-9  Celotex 

0.78 

-0.12 

-0.14 

9. 

Fiberglas  perforated 

0.71 

+0.01 

-0.24 

14. 

1"  Firtex,  perforated 

0.68 

-0.07 

-0.09 

26. 

f"  Acoustex,  type  40  R 

0.37 

+0.19 

-0.01 

was  observed  gave  exactly  the  maximum  value  of  ae*, 
i.e.,  0.86. 

One  other  feature  of  these  tube  measurements  should 
be  clarified.  All  of  the  measurements  listed  in  Table  IV 
were  made  using  a  12  in.Xl2  in.  tile  which  was  placed 
in  flush  contact  with  a  rubber  gasket  mounted  on  the 
end  of  the  tube.  In  the  case  of  acoustic  plasters,  a  sample 
having  the  approximate  dimensions  of  30  in.X30  in. 
was  used.  The  reasons  for  not  cutting  the  samples  to 
fit  inside  the  tube  were  twofold.  First,  in  any  field 
measurement  using  the  tube,  it  would  not  be  possible 
to  deface  the  surface  of  the  installed  material,  and 
second,  the  materials  were  not  expendable,  since  only 
at  most  three  pieces  had  been  saved  from  the  rever¬ 
beration  room  tests,  for  identification  purposes. 

However,  some  of  the  materials  were  cut  to  fit  inside 
of  the  tube.  The  results  are  listed  in  Table  V  for  an 
individual  tile  before  and  after  cutting  to  fit  inside  of 
the  tube. 

The  results  in  the  table  show  that  Celotex  and  Firtex 
have  no  appreciable  absorption  due  to  propagation  of 
the  sound  wave  in  the  material  outside  of  the  geo¬ 
metrical  area  intercepted  by  the  tube,  whereas,  both 
the  Fiberglas  and  Acoustex  materials  do. 

In  summary,  then,  it  would  appear  that  the  proper 
procedure  for  utilizing  ae*  to  check  field  coefficients  for 
agreement  with  laboratory  coefficients  is  as  follows : 

(1)  Determine  a0  or  the  acoustic  impedance  and  arev 
in  the  laboratory. 

(2)  Compute  ae*  from  a0  or  from  the  acoustic  im¬ 
pedance  measurements. 

(3)  If  the  average  ac*  agrees  closely  with  the  average 


aTev,  then  a  field  measurement  of  a0  or  of  the  acoustic 
impedance  should  be  sufficient  to  determine  the  extent 
of  compliance  with  the  reverberation  coefficient. 

(4)  If  the  average  ae*  as  determined  in  the  laboratory 
does  not  agree  with  the  average  arev,  it  would  still  be 
possible,  however,  to  find  an  average  ae*  in  the  field 
from  the  «0  or  acoustic  impedance  measurements  and 
the  extent  of  compliance  of  the  field  ae*  with  the 
laboratory  a*  could  then  be  used  as  a  criterion  for 
acceptability. 

III.  CONCLUSIONS 

A  procedure  has  been  outlined  whereby  normal  ab¬ 
sorption  coefficient  or  acoustic  impedance  measure¬ 
ments  may  be  utilized  to  predict  reverberant  sound 
absorption  coefficients.  The  average  of  coefficients  for 
the  six  standard  frequencies  determined  from  acoustic 
impedance  measurements  agrees  closely  with  the  aver¬ 
age  reverberant  coefficient,  for  cases  where  the  material 
may  be  said  to  obey  the  normal  impedance  assumption. 
In  the  case  of  normal  absorption  coefficient  measure¬ 
ments,  for  a  large  number  of  materials,  good  agreement 
was  obtained  between  the  predicted  and  measured 
reverberant  coefficient.  A  method  of  utilizing  field 
measurements  of  the  normal  absorption  coefficient  or 
of  the  acoustic  impedance  for  acceptance  testing  has 
been  indicated  which  should  be  applicable  even  in 
cases  where  the  normal  impedance  assumption  is 
violated. 

On  the  theoretical  side,  we  have  found  best  agreement 
with  experiment  by  utilizing  a  new  kind  of  statistics 
which  associates  with  each  wave  packet  in  a  random 
field  a  scalar  quantity  equal  to  the  square  of  the  absolute 
value  of  the  sound  pressure  in  each  packet,  instead  of 
the  customary  energy  flow  treatment.  On  the  other 
hand,  it  has  been  necessary  to  utilize  a  semi-empirical 
concept  of  equivalent  impedance  as  distinguished  from 
the  usual  complex  impedance  treatment.  The  best  which 
can  be  said  for  the  introduction  of  this  bit  of  empiricism 
is  that  it  works,  although  no  reasons  for  its  success  are 
deduced  here. 
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The  absolute  calibration  of  a  variable  capacitance  type  displacement  detector  was  performed  by  using  the 
diaphragm  of  a  condenser  microphone  as  a  reference  moving  surface.  The  detector  was  calibrated  by  coupling 
its  associated  probe  to  the  front  end  of  the  microphone  to  detect  the  variation  in  capacitance  between  the 
diaphragm  and  the  probe,  when  the  diaphragm  was  driven  by  applying  an  electrical  signal  to  the  microphone 
terminals.  Computation  of  the  displacement  detector  response  was  made  in  two  ways :  one  based  upon  the 
reciprocity  relationship  in  a  set  of  two  linear  equations  describing  the  microphone  as  a  reversible  transducer; 
the  other,  upon  the  acoustical  impedance  of  a  cavity  with  rigid  walls.  Measured  values  of  the  displacement 
detector  response  are  plotted  from  10  cps  to  40  000  cps. 


INTRODUCTION 

THE  lightweight  diaphragm  and  high  coupling 
coefficient  of  the  condenser  microphone  make  it 
suitable  as  a  displacement  generator  over  a  wide 
frequency  range,  including  infrasonic  and  low  ultra¬ 
sonic  frequencies.  For  example,  if  the  diaphragm  of  a 
Western  Electric  Company  type  640AA  microphone  is 
driven  below  its  resonance  frequency  by  applying  an 
excess  potential  of  14  volts  to  the  electrical  terminals, 
the  equivalent  linear  displacement  averaged  over  the 
diaphragm  is  about  10“5  cm.  The  displacement  is 
approximately  proportional  to  the  open-circuit  micro¬ 
phone  response,  and  at  40  000  cps  is  about  7X  10~7  cm. 

Motion  in  this  amplitude  range  can  be  measured 
conveniently  by  a  displacement  detector  of  the  variable 
capacitance  type  described  in  an  earlier  paper.1  Briefly, 
the  detector  makes  use  of  a  probe  consisting  of  an 
inductance  connected  to  a  pickup  element  which  forms 
one  plate  of  a  capacitance,  the  other  plate  being  any 
external  conducting  surface  placed  in  proximity  to  the 
pickup  element.  The  inductance-capacitance  combina¬ 
tion,  located  in  a  bridge  circuit,  is  tuned  to  series 
resonance  at  an  auxiliary  carrier  frequency  by  adjusting 
the  distance  between  the  probe  and  the  external 
conductor.  This  resonance  is  indicated  by  a  null.  The 
output  of  the  detecting  circuit  is  proportional  to  the 
linear  displacement  of  the  external  surface  relative  to 
the  probe,  when  this  motion  is  small  compared  to  the 
separation  of  the  capacitor  plates  at  resonance. 

PROBE  CONSTRUCTION 

If  the  motion  is  not  uniform  over  the  surface,  the 
detector  will  respond  to  the  displacement  averaged  over 
that  part  of  the  surface  to  which  it  is  in  proximity.  A 
basis  is  thus  provided  for  the  design  of  a  probe  to 
measure  the  average  motion  of  a  microphone  diaphragm 
when  it  is  driven  electrically  at  the  microphone 
terminals. 

Figure  1  shows  such  a  probe  adjusted  for  calibration 
at  the  front  end  of  a  Western  Electric  Company  type 
640AA  condenser  microphone.  It  will  be  noted  that  the 

1  W.  Koidan,  J.  Acoust.  Soc.  Am.  26,  428  (1954). 


microphone  diaphragm  consists  of  an  essentially 
clamped  annular  section  enclosing  a  central  circular 
section  free  to  move. 

The  capacitive  pickup  element  of  the  probe  is  a 
circular  metal  disk,  perforated  with  uniformly  spaced 
holes,  and  with  an  outside  diameter  equal  to  that  of  the 
central  section  of  the  microphone  diaphragm.  A 
ring-shaped  shield  for  the  disk  is  provided,  electrically 
insulated  from  it  by  thin  spacers.  The  disk  and  shield 
were  machined  from  gridded  caps  furnished  with  640AA 
microphones.  The  outside  of  the  shield  is  threaded,  so 
that  the  probe  can  be  screwed  into  the  front  end  of 
the  microphone;  the  proper  spacing  for  series  reso¬ 
nance  is  precisely  indicated  by  a  zero  reading  on  the  null 
indicator. 

The  motion  of  the  diaphragm  due  to  a  change  in  the 
applied  electrical  field  between  the  diaphragm  and  the 
backplate  produces  a  proportional  change  in  capacitance 
between  the  diaphragm  and  the  perforated  disk.  The 
holes  in  the  disk,  which  reduce  the  acoustic  impedance 
seen  by  the  diaphragm,  must  be  distributed  in  such  a 


Fig.  1.  Displacement  detec¬ 
tor  probe  arranged  for  cali¬ 
bration  at  the  diaphragm  end 
of  a  Western  Electric  Com¬ 
pany  type  640AA  condenser 
microphone.  In  this  arrange¬ 
ment,  the  displacement  detec¬ 
tor  responds  to  the  volume 
displacement  of  the  microphone 
diaphragm.  The  ratio  of  the 
voltage  driving  the  microphone 
at  its  electrical  terminals  to  the 
voltage  obtained  from  the 
output  of  the  displacement 
detector  circuit  is  used  to 
compute  the  detector  response. 
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Fig.  2.  Photograph  of  the  probe.  The  upper  inset  shows  how  a 
microphone  is  coupled  to  the  probe  to  calibrate  the  displacement 
detector. 

way  as  to  permit  the  pickup  to  respond  to  the  average 
motion. 

Figure  2  is  a  photograph  of  the  probe,  showing  its 
perforated  disk  pickup  element.  The  upper  inset 
indicates  how  the  microphone  is  coupled  to  the  probe 
for  the  purpose  of  calibrating  the  displacement  detector. 
Figure  3  shows  the  probe  mounted  vertically  to  measure 
the  motion  of  a  vibrating  conducting  surface  located 
just  below  the  displacement  pickup  element,  and 
separated  from  it  by  about  0.5  mm.  The  detector  probe, 
as  mounted,  responds  only  to  a  net  displacement  of  the 
moving  surface  along  a  vertical  axis.  Thus,  lateral 
motion  and  certain  kinds  of  rotational  motion  would 
not  be  detected  in  the  arrangement  shown. 

The  procedure  for  calibrating  the  displacement 
detector  is  essentially  an  extension  of  the  reciprocity 
technique  for  calibrating  a  microphone ;  additional 
measurements  only  of  voltage  ratio  are  required.  Two 
methods  for  computing  the  detector  response  will  be 
described. 


DIAPHRAGM  VELOCITY  METHOD 

Two  equations  describing  the  condenser  microphone 
as  a  linear  reversible  transducer  are 

6= Zni-\~ZnU, 

where  e  is  the  voltage  at  the  electrical  terminals,  i  is 
the  current  into  the  electrical  terminals,  u  is  the  volume 
velocity  of  the  diaphragm,  p  is  the  excess  pressure  at 
the  diaphragm,  and  the  Z  coefficients  are  functions  of 


frequency  and  of  the  equivalent  four  terminal  network 
parameters. 

We  define  the  open  circuit  pressure  response,  p,  of 
the  microphone  as  —  (e//>)i=o-  From  the  above  equations 
and  the  assumption  that  Zi2=Z2i,  the  following 
relationships  hold : 

p=  —  (e/p)i=  o=  —  Zi2/Z22=  -Z21/Z22=  («/f)p=  o. 

Denoting  the  electrical  admittance  of  the  microphone 
for  zero  acoustic  load  as  (i/e)p=o=  (g+iwC)p=o,  where  g 
and  C  are  the  microphone  conductance  and  capacitance, 
respectively,  j=y/—  1,  and  co  is  the  frequency  in 
radians  per  second,  we  can  perform  the  following 
operations : 

(u/ 1)  p= o  (i/ p= o  (m/ c)  p=  o  p  (g  1  p= o 

=y^(iA)p=0>  (i) 

where  S  is  the  active  area  of  the  microphone  diaphragm 
and  £  is  the  equivalent  linear  diaphragm  displacement 
averaged  over  its  surface. 

With  the  probe  properly  adjusted  in  front  of  the 
microphone  diaphragm,  a  voltage  e  is  applied  to  the 
electrical  terminals  of  the  microphone,  and  the  voltage 
ratio  e/ ec  measured  by  means  of  an  attenuator,  where 
ec  is  the  output  voltage  of  the  detecting  circuit.  Defining 
the  response  of  the  displacement  detector,  M,  as  ec/\ 
(see  Appendix),  and  combining  with  Eq.  (1),  we 
obtain : 

jwS  /  ec\ 

m= - : - (-) 

p=  o'  e  '  p=  o 

Since  g2«a>2C2  at  all  frequencies,  the  expression  for  the 
magnitude  of  the  detector  response  reduces  to 

S  /ec  1  \ 

W=-(  — 7)  ■  W 

p  '  c  C/  /  p=o 

The  capacitance  of  the  microphone  for  zero  acoustic 
load  at  the  diaphragm  is  obtained  by  measurements  in  a 
quarter  wave  length  tube.  The  directly  measured 


Fig.  3.  The  manner  in 
which  the  calibrated 
probe  can  be  used  to 
measure  the  vibration 
of  a  device.  The  probe 
is  mounted  in  a  fixed 
frame  of  reference  and 
placed  in  proximity  to 
an  exposed  plane  surface 
of  the  vibrating  device. 
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voltage  ratio,  ec/e,  requires  a  correction  for  the  reaction 
on  the  microphone  diaphragm,  since  the  acoustic  load 
will  in  general  not  be  zero  when  the  probe  is  coupled  to 
the  microphone. 

The  procedure  for  making  this  correction  is  illustrated 
schematically  in  Fig.  4.  The  probe  is  disconnected  from 
the  detecting  circuit  bridge,  and  the  microphone,  with 
an  associated  inductance,  is  substituted.  The  condenser 
microphone  and  inductance  are  tuned  to  series  reso¬ 
nance  at  the  auxiliary  carrier  frequency,  whose  source 
is  in  the  detecting  circuit.  The  diaphragm  is  driven  at 
the  desired  frequency  of  vibration  by  applying  an 
electrical  signal,  to  the  microphone  terminals, 
through  the  inductance.  The  output,  eont,  is  propor¬ 
tional  to  the  change  in  capacitance  between  the 
diaphragm  and  the  backplate;  the  electrical  signal 
driving  the  microphone  is  rejected  by  the  detecting 
circuit.  Measurements  of  ein/eoxlt  are  made  with  the 
probe  in  front  of  the  diaphragm  and  also  with  a  quarter 
wave  length  tube  as  the  acoustic  load  to  obtain  the 
difference  in  diaphragm  motion  for  the  two  conditions. 
The  measured  correction  factor  in  decibels  is  essentially 
zero  up  to  500  cps.  Figure  4  shows  its  magnitude  at 
discrete  frequencies  from  1000  to  40  000  cps. 

In  the  notation  of  Simmons  and  Biagi2  for  the 
microphone  parameters,  Zn=  1/juCo  and  Zn=  —  0/ 
jwCo,  where  Co  is  the  blocked  capacitance  and  </>  the 
electromechanical  coupling  constant  of  the  microphone, 
the  following  relation  can  also  be  derived  from  the  two 
transducer  equations : 

=-(--4 

p=0  JcoCoVp  / 

This  equation  leads  to  another  expression  for  the 


KILOCYCLES  PER  SECOND 


Fig.  4.  Corrections  for  the  effect  of  acoustic  load  on  the  dia¬ 
phragms  of  two  microphones  when  coupled  to  the  detector  probe. 
The  ordinate  denotes  the  diaphragm  motion  for  zero  acoustic  load 
minus  that  for  probe  load. 


2  B.  D.  Simmons  and  F.  Biagi,  J.  Acoust.  Soc.  Am.  26,  693 
(1954). 


displacement  detector  response: 

.  (3) 

Co  \p  /  V  e  /  p=o 

As  shown  in  reference  2,  </>  can  be  evaluated  from 
4>=(Cl—Co)/plCl,  where  Cl  and  pl  are  the  low 
frequency  microphone  capacitance  and  response,  respec¬ 
tively.  Although  </>  is  small  compared  to  1/p,  its  in¬ 
clusion  is  necessary  at  many  frequencies.  The  terms 
1/p  and  </>  are  complex,  and  evaluation  of  Eq.  (3) 
requires  a  knowledge  of  the  phase  angle  between  them. 


ACOUSTICAL  CAVITY  METHOD 

A  second  method  of  obtaining  the  detector  response 
requires  the  same  voltage  ratio  measurement  of  e/ec 
and  a  similar  correction  for  the  reaction  on  the  dia¬ 
phragm.  However,  the  computation  is  made  from  the 
response  of  an  auxiliary  microphone  whose  capacitance 
need  not  be  known. 

This  method  uses  an  additional  voltage  ratio  measure¬ 
ment  made  as  part  of  the  procedure  in  an  acoustical 
reciprocity  calibration  of  the  microphones.  Two 
condenser  microphones  are  coupled  to  a  cavity,  one  for 
use  as  a  sound  source,  and  the  other  as  a  receiver.  The 
source  is  driven  by  a  voltage,  e',  and  the  receiver 
generates  a  voltage,  eR,  proportional  to  the  sound 
pressure  produced  in  the  cavity.  The  ratio,  e'/eR  =  R\,  is 
measured  under  these  conditions. 

For  an  adiabatic  process  within  the  cavity,  PVy—  a 
constant,  where  P  is  the  pressure,  V  the  cavity  volume, 
and  7  the  ratio  of  specific  heats.  Upon  differentiation, 
p=  —ySPo^'/V,  where  A  is  the  active  area  of  the  driver 
microphone  diaphragm,  P0  the  static  pressure,  and  £' 
the  equivalent  linear  displacement  of  the  driver 
microphone  diaphragm  averaged  over  its  surface. 

The  response  of  the  receiver  microphone,  pr,  is 
defined  as  —  ( e«//> ),  so  that 


ySP0  eR  e' 

P= - !'= — = - 

V  PR  RlPR 


(4) 


With  the  probe  coupled  to  the  driver  microphone  as  in 
the  diaphragm  velocity  method,  the  voltage  ratio, 
e/ec—Ri  is  measured.  The  detector  response  can  then 
be  written  as 


M —  ec/\—  c/\R2. 

When  the  correction  is  made  for  the  reaction  on  the 
diaphragm,  e/\R2  becomes  e'/£'R2,  where  R2  is  R2 
corrected  for  the  acoustic  load  of  the  probe  relative  to 
that  of  the  acoustic  coupler.  Substituting  //£'  from 
Eq.  (4),  we  get 


ySP0  Ri 

M=Pr - .  (5) 

V  r2 
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Fig.  5.  Measured  response  of  the  displacement  detector  from 
10  cps  to  40  000  cps.  The  optical  calibration  points  are  shown  to 
indicate  the  degree  of  accuracy  obtained. 

Equation  (5)  does  not  depend  on  the  method  of 
determining  the  pressure  response,  pR;  however,  it  can 
be  combined  with  the  expression  for  the  response  of 
the  receiver  microphone  derived  by  the  acoustical  reci¬ 
procity  method3  to  obtain  M—  (S/R^iRiQyPo/VC)*, 
where  Q  is  the  ratio  of  the  response  of  the  receiver 
microphone  to  that  of  the  driver,  and  C  is  the 
capacitance  of  the  driver  for  a  zero  acoustic  load. 

Theoretical  corrections  can  be  applied  to  Ri  for 
standing  wave  patterns  in  the  acoustic  coupler  at  very 
high  frequencies,2  and  for  the  cooling  effect  of  the 
coupler  walls  at  very  low  frequencies.4 

RESULTS 


cies  by  measuring  the  motion  of  an  electrodynamic 
vibration  exciter  with  the  probe,  and  also  with  a 
microscope  using  a  stroboscopic  light  source.  These 
points,  shown  as  the  filled  in  circles  in  Fig.  5,  fall 
within  about  0.3  decibel  of  the  responses  determined  by 
the  diaphragm  velocity  and  acoustical  cavity  methods. 
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APPENDIX 

The  following  proof  is  included  to  show  that  for 
small  diaphragm  displacements  and  curvatures,  the 
detector  responds  to  an  equivalent  linear  diaphragm 
motion,  £,  defined  by  Eq.  (1). 

The  capacitance  in  mks  units  for  an  elemental 
diaphragm  area  Si  can  be  written  as  C,=  eoSi/xi, 
where  Xi  is  the  distance  between  the  diaphragm  element 
and  the  displacement  probe,  and  eo  is  the  permittivity 
of  free  space.  Differentiating  with  respect  to  Xi, 

dCi—  —  eo  (Si/xi2)dx{. 

The  distance  xt-  is  made  up  of  the  sum  xo+Ax,-, 
where  xo  is  the  uniform  spacing  before  application  of 
the  polarizing  voltage  and  Ax;  is  the  nonuniform 
change  in  spacing  due  to  the  polarizing  voltage. 
Expanding, 

eo  2eo 

dCi= - Nt(7xt-| - A  XiSidxi— 

x02  Xo3 


Figure  5  shows  the  measured  response  of  the  displace¬ 
ment  detector,  using  the  probe,  from  10  cps  to  40  000 
cps.  Two  response  curves  computed  from  Eq.  (2) 
are  shown,  using  different  microphones;  one  curve 
computed  from  Eq.  (5)  is  plotted  for  comparison. 
The  response  obtained  from  Eq.  (3)  is  not  shown, 
since  the  results  are  essentially  identical  with  (2). 

As  an  independent  check,  optical  calibration  of  the 
displacement  detector  was  performed  at  four  frequen¬ 

3  R.  K.  Cook,  J.  Acoust.  Soc.  Am.  12,  415  (1941). 

4  F.  Biagi  and  R.  K.  Cook,  J.  Acoust.  Soc.  Am.  26,  506  (1954). 


If  second  and  higher  order  terms  are  neglected,  the 
total  change  in  capacitance  is 

eo  eo 

dCr ~ - H  Sidxi= - dv, 

Xo2  <  Xo2 

where  dv  is  the  volume  displacement. 

Thus,  the  detector  responds  essentially  to  small 
volume  displacements  of  the  microphone  diaphragm. 
For  an  equivalent  uniform  linear  displacement,  f,  the 
detector  responds  to  a  volume  displacement  £S. 
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The  reverberation  chamber  technique  was  used  to  determine  the  sound  spectra  and  acoustic  power 
radiated  by  air  jets  over  a  range  of  subsonic  velocities.  Different  air  jets  were  used  with  round  and  square 
velocity  profiles;  nozzles  of  circular  cross  section,  and  nozzles  with  saw-tooth  and  corrugated  ends  were  also 
used.  Of  these  nozzles  only  the  latter  type  gave  a  significant  (9  db)  reduction  in  sound  power  output  for  a 
given  exit-pressure  ratio.  A  study  was  made  of  the  limitations  of  the  reverberation  chamber  technique 
caused  by  the  absorption  in  the  chamber.  When  this  absorption  became  considerable,  the  measurement 
of  sound  pressure  level  in  a  circle  around  the  sound  source  revealed  a  directional  pattern,  and  the  assumption 
of  uniform  energy  distribution  in  the  chamber  became  invalid.  This  situation  was  noticeable  at  frequencies 
above  5  kc  in  the  National  Bureau  of  Standards  chamber,  owing  to  air  absorption. 


INTRODUCTION 

THE  object  of  the  work  reported  here  was  to 
measure  the  sound  power  output  and  spectra 
of  model  air  jets.  Several  papers  have  appeared12  in 
which  the  sound  pressure  levels  were  measured  at  a 
few  fixed  points  in  a  jet  sound  field,  but  only  a  few 
papers  have  presented  figures  for  the  total  sound  power 
output  of  jets.  At  the  time  the  work  reported  here  was 
initiated  (1952),  two  sets  of  the  latter  type  of  data1 2 3'4 
had  appeared  and  they  were  not  in  good  agreement. 

There  are  certainly  several  difficulties  in  the  way  of 
obtaining  reasonably  accurate  figures  (for  example 
within  ±5  db)  for  the  sound  power  output  of  jet 
sources.  Two  methods  of  measurement  can  be  used; 
the  reverberation  chamber  method  is  convenient  for  a 
directional  sound  source  like  an  air  jet  as  the  multiple 
reflection  of  the  sound  at  the  walls  of  the  chamber  gives 
a  sound  field  of  approximately  uniform  energy  density 
throughout  the  chamber.  Then  the  sound  power  output 

1  L.  W.  Lassiter  and  H.  H.  Hubbard,  Natl.  Advisory  Comm. 
Aeronaut.  Tech.  Mem.  2757  (1952). 

2  A.  Powell,  Aeronaut.  Quart.  4,  341  (1954). 

3  H.  M.  Fitzpatrick  and  R.  Lee  “Measurements  of  noise 
radiated  by  subsonic  air  jets,”  U.  S.  Navy  Department,  TMB 
Report  835,  1952. 

4  R.  Lee,  “Free  field  measurements  of  sound  radiated  by  subsonic 
air  jets,”  U.  S.  Navy  Department,  TMB  Report  868  (1953). 


of  the  source  in  each  frequency  band  can  be  computed 
from  one  sound  pressure  level  measurement.  The  other 
method  available  is  the  free-field  method. 

Both  methods  however  have  their  difficulties.  In  the 
former  method  the  diffusion  of  the  sound  field  becomes 
inadequate  at  high  and  low  frequencies,  while  in  the 
latter  difficulties  are  presented  by  the  vagaries  of  the 
weather  and  the  reflecting  action  of  the  ground,  which 
extends  the  near  sound  field.  If  a  large  anechoic  chamber 
is  used  to  avoid  the  latter  difficulties,  it  is  still  necessary 
to  make  measurements  at  many  points  to  delineate  the 
directional  pattern  of  the  source. 

The  reverberation  chamber  method  is  probably  some¬ 
what  less  accurate  than  the  free-field  method,  for 
reasons  discussed  in  more  detail  later,  but  it  seemed 
appropriate  for  these  measurements  as  it  combined 
reasonable  accuracy  with  convenience. 

A  semireverberant  enclosure  has  been  used  in  some 
investigations3  in  place  of  a  reverberation  chamber. 
However,  such  an  enclosure  has  the  disadvantages  (a) 
that  the  effective  absorption  of  the  enclosure  varies 
with  the  directional  pattern  of  the  sound  source  and  (b) 
that  the  absorption  of  the  enclosure  for  any  kind  of 
source  cannot  be  measured  accurately;  for  example, 
the  measured  absorption  would  depend  on  where  the 
microphones  and  source  were  placed.  These  factors 


574278  0  -  61  -53 


825/114 


SOUND  POWER  OF  SUBSONIC  AIR  JETS 


tend  to  reduce  the  accuracy  of  power  output  measure¬ 
ments  in  semireverberant  enclosures. 

It  appeared  that  the  following  factors  may.  have 
contributed  to  the  discrepancies  between  the  results 
of  references  3  and  4.  (1)  The  amount  of  turbulence 
present  in  the  air  used  was  unknown.  (2)  The  nozzles 
used  were  of  different  shapes  and  unspecified  flow 
characteristics.  For  these  nozzles  the  assumption  of 
isentropic  flow  used  in  calculating  the  flow  velocity 
from  pressure  measurements  []see  Eq.  (3)J  may  have 
been  invalid.  (3)  Neglect  of  the  variation  of  the  direc¬ 
tional  pattern  of  the  jet  source  with  frequency  may 
have  introduced  errors.  (4)  The  estimates  of  the  absorp¬ 
tion  of  the  semireverberant  enclosure  may  have  been 
in  error. 

In  the  measurements  described  here  efforts  were  made 
to  avoid  errors  from  these  sources  by  using  (1)  a 
pressure  regulated  air  supply  and  a  calming  tank,  which 
gave  stable  operating  Conditions,  and  an  air  jet  with 
negligible  initial  turbulence;  (2)  nozzles  known  to  give 
isentropic  flow5;  and  (3)  and  (4)  a  reverberation 
chamber  of  known  absorption  and  diffuse  sound  field 
characteristics.  Also  the  sound-pressure  measurements 
were  made  sufficiently  far  from  the  source  to  ensure 
that  far-field  conditions  obtained. 


Fig.  1.  Experimental  setup  in  the  National  Bureau  of  Standards 
reverberation  chamber  showing  calming  tank  and  Pitot  tubes. 


It  is  emphasized  that  the  measurements  reported 
here  were  of  total  sound-power  output.  The  spatial 
distribution  of  the  sound  radiated  by  the  air  jet  was 
ignored,  although  this  factor  is,  of  course,  important 
in  practice.  It  is  quite  possible  that  a  silencing  device 
could  reduce  the  peak  sound  levels  without  reducing 
the  total  sound-power  output  of  a  jet,  by  altering  the 
directional  pattern.  Such  a  situation  could  not  be  in¬ 
vestigated  in  a  reverberation  chamber,  however;  it 
would  require  a  free-field  technique. 

The  first  measurements  were  made  with  nozzles 
having  circular  orifices.  Later  measurements  were 
made  on  nozzles  having  saw-tooth  and  corrugated 
ends,  as  such  nozzles  had  been  claimed  to  reduce  the 
sound  power  output  for  a  given  thrust.6  Isentropic 
flow  was  assumed  in  computing  the  mean  jet  velocities 
for  all  of  the  nozzles. 

APPARATUS 

The  measurements  were  carried  out  in  the  reverbera¬ 
tion  chamber  of  the  National  Bureau  of  Standards.  The 
chamber  was  25  ftX30  ft  in  plan  and  20  ft  in  height 
and  contained  two  large  vanes  which  were  rotated  to 
give  a  more  uniform  distribution  of  the  sound  energy. 
The  experimental  setup  is  shown  in  Figs.  1  and  2. 

A  100-lb/in.2  compressed  air  line  was  connected  to 
two  pressure  regulators  in  cascade  and  delivered  an 
outlet  pressure  constant  within  ±0.05  lb/in2.  A  high 
pressure  hose,  f  in.  i.d.,  connected  the  regulators  to  a 
calming  tank.  The  tank,  made  of  Duralumin,  was  3  ft 
long,  8  in.  in  o.d.  and  f  in.  in  wall  thickness,  and  con¬ 
tained  acoustic  treatment  to  reduce  noise  generated 
within  the  system  as  shown  in  Fig.  2.  In  all  cases,  the 
noise  produced  within  the  system  was  negligible  com¬ 
pared  to  that  of  the  emergent  air  jet. 

The  tank  was  terminated  with  a  §  in.  i.d.  long-radius 
nozzle,  i.e.,  a  nozzle  with  a  high  contraction  ratio,  whose 
longitudinal  section  was  a  segment  of  an  ellipse  as 
shown  in  Fig.  3.  The  emergent  air  jet  had  a  square 
velocity  profile  and  negligible  initial  turbulence,  as 
shown  in  Fig.  4.  The  circles  represent  the  experimental 
points  and  the  solid  and  broken  curves  represent  the 


Fig.  2.  Schematic  of  calming  tank,  showing 
long-radius  nozzle  in  end  plate. 


6  Bean,  Buckingham,  and  Murphy,  J.  Research  Natl.  Bur.  6  F.  B.  Greatrex,  Engineer  200,  Nos.  5188, 5189,  5190,  pp.  23-25, 
Standards  49,  561  (1929).  45-47,  and  92-93  (1955). 
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Fig.  3.  Detail  of  long-radius  nozzle. 


The  saw-tooth  nozzle  used  in  some  of  the  measure¬ 
ments  was  made  of  f  in  i.d.  brass  pipe,  14  in.  in  length, 
and  xg-  in.  in  wall  thickness.  The  nozzle,  shown  in  Fig.  5, 
had  4  teeth  which  were  1  in.  long  and  parallel  to  the 
axial  line. 

Measurements  were  made  also  on  two  nozzles,  one 
with  shallow  and  one  with  deep  corrugations.6  The 
first  consisted  of  1  in.  length  of  f  in.  i.d.  brass  pipe 
which  flared  into  a  conical  section  of  6  corrugations 
approximately  \  in.  in  length,  as  shown  in  Fig.  6.  The 
second  was  similar  to  the  first  except  that  the  corruga¬ 
tions  were  extended  to  a  length  of  jf  in.  with  the  inner 
walls  of  the  corrugations  converging  onto  a  circular 
cross  section  approximately  ^  in.  in  diameter.  The 
outer  walls  diverged  onto  a  circular  cross  section  f  in. 
in  diameter  thus  forming  6  deep  corrugations.  The  cross- 
sectional  area  of  the  exhaust  passage  was  constant 
throughout  the  length  of  each  corrugated  nozzle.  The 
corrugated  parts  of  the  nozzles  were  made  of  copper 
electroplated  on  an  interior  form  which  was  later 


Table  I.  Reverberation  chamber  absorption  at  relative 
humidity  60%.  Volume  of  chamber  =  15  000  cu  ft. 


velocity  distributions  obtained  by  Deissler'  for  flow 
through  a  tube  at  distances  of  100  diameters  and  1.5 
diameters  from  entrance,  respectively. 

A  cylindrical  brass  pipe  of  \  in.  i.d.,  2  ft  length,  and 
with  in.  wall  thickness  replaced  the  calming  tank 
and  nozzle  for  tne  measurements  on  the  fully  developed, 
or  round  velocity  profile,  air  jet.  The  exit  end  of  the 
pipe  was  faced  off  square. 


RADIUS  t  I 

INSIDE  NOZZLE  RADIUS  ’  ro 


Fig.  4.  Velocity  profiles  of  air  jets  from  long-radius  and  cylin¬ 
drical  nozzles  as  compared  with  velocity  profiles  of  pipe  flow 
with  turbulence  at  different  stages  of  development. 


7  R.  G.  Deissler,  Natl.  Advisory  Comm,  for  Aeronaut.  Tech. 
Notes  2138  (1950). 


Total  measured 


Frequency 

cps 

m,*  attentuation 
coefficient 
per  ft 

Computed  air 
absorption 
in  sabins 

chamber 
absorption 
in  sabins 

2000 

0.0007 

40 

100 

4000 

0.002 

120 

180 

6000 

0.004 

240 

310 

8000 

0.006 

360 

450 

10  000 

0.008 

480 

600 

a  Figures  taken  from  Knudsen  and  Harris,  Acoustical  Designing  in  Archi¬ 
tecture  (John  Wiley  and  Sons,  Inc.,  New  York,  1950),  p.  160. 


removed.  For  the  sound  measurements,  the  corrugated 
nozzles  were  connected  to  the  long-radius  nozzle  at 
the  exit  end  of  the  calming  tank. 

To  obtain  figures  for  the  mean  velocity  of  the  air 
jets  from  the  cylindrical  and  long-radius  nozzles,  impact 
and  static  pressure  traverses  were  made  across  the  exit 
planes  of  the  nozzles  by  means  of  pitot  static  probes 
which  were  supported  in  a  coordinate  vise.  With  this 
device  the  probes  could  be  positioned  within  0.001  in. 

The  pitot  and  static  probes  were  made  from  steel 
hypodermic  tubing  0.037  in.  o.d.  The  static  pressure 
holes  were  0.009  in.  in  diameter  and  were  situated 
10-tube  diameters  downstream  from  the  hemispherical 
probe  tip.  The  probes  were  reinforced  with  j  in.  o.d. 
brass  tubing  about  1  in.  above  the  pressure  holes  to 
prevent  vibration  of  the  measuring  heads. 

The  sound-pressure  level  measurements  were  made 
with  a  dynamic  microphone,  a  calibrated  sound  level 
meter,  and  band-pass  filters. 

MEASURING  PROCEDURE 

Since  the  reverberation  chamber  effectively  inte¬ 
grated  the  directional  pattern  of  the  air  jet  source,  only 
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one  measurement  at  each  frequency  band  was  needed 
to  obtain  the  sound  power  output.  For  all  the  sound 
measurements  the  microphone  was  placed  9  ft  from  the 
jet  source  and  at  an  angle  of  90°  to  the  jet  axis.  Both 
the  jet  source  and  microphone  were  approximately 
40  in.  above  and  parallel  to  the  floor.  These  positions 
were  not  critical. 

All  the  sound  pressure  level  and  Pitot  static  pressure 
measurements  were  made  under  steady  state  conditions. 
Impact  pressure  traverses  for  various  jet  velocities 
were  made  at  0.05  in.  intervals  across  the  horizontal 
diameter  of  the  nozzle,  approximately  0.1  in.  upstream 
from  its  exit  edge.  The  static  pressure  measurements 
were  made  in  the  same  manner.  Air  temperature 
measurements  were  made  in  the  calming  tank  or  in  the 
jet  stream  and  from  these  data  the  free  stream  tem¬ 
peratures  were  computed.  The  measured  tempera¬ 
tures  were  within  3°C  of  room  temperature,  which  was 
kept  at  about  20°C.  From  these  data,  the  velocity 
profiles  and  absolute  jet  stream  velocities  were 
computed. 

The  Pitot  static  probes  were  removed  from  the  jet 
stream  after  use,  to  eliminate  noise,  before  the  sound 
pressure  levels  for  the  corresponding  jet  velocities 
were  measured. 

The  sound  power  of  the  source  was  calculated  from 
the  measured  sound  pressure  levels  as  follows. 

The  sound  power  output  IF  of  a  source  in  the  central 
region  of  a  reverberation  chamber  for  a  certain  fre¬ 
quency  band  is  given  by8 


A(f) 

> 

4  pc 


(1) 


where  A  =  absorption  of  the  reverberation  chamber  for 
the  frequency  band  considered,  (/>2)=mean  squared 
sound  pressure  measured  in  the  diffuse  part  of  the  sound 
field,  and  pc  =  acoustic  impedance  of  air.  If  IF16  is 
the  power  level  expressed  in  db  above  10~16  watt  and 
A  is  in  sabins  (ft2),  in  air  at  ordinary  temperature  and 
barometric  pressure,  Eq.  (1)  becomes 

Wu=  SPL-plO  log10A  +  23.5  db,  (2) 

where  SPL  is  the  sound  pressure  level  (with  the 
customary  reference  pressure  of  0.0002  microbar)  meas¬ 
ured  in  the  diffuse  part  of  the  sound  field;  i.e.,  suffi¬ 
ciently  far  away  from  the  source  and  reflecting  surfaces. 

The  local  or  absolute  jet  velocities  Va  were  computed 
from  the  following  equations.9 


Po/p=[l+(y-m2/2y'^1), 

(3) 

r=r0/[i+(7-i)M2/2], 

(4) 

49.027*, 

(5) 

8  P.  M.  Morse,  Vibration  and  Sound  (McGraw-Hill  Book 
Company,  Inc.,  New  York,  1948),  pp.  384,  414. 

9  H.  W.  Liepmann  and  A.  E.  Puckett,  Introduction  to  Aero¬ 
dynamics  of  a  Compressible  Fluid  (John  Wilev  and  Sons,  Inc., 
New  York,  1947),  pp.  21-27,  75. 


Fig.  5.  Detail  of  saw-tooth  nozzle  with  4  teeth  parallel  to  axis. 


and 

Va=cM,  (6) 

where  p— pressure  outside  reservoir,  po=  reservoir  pres¬ 
sure,  7=1 .40,  the  ratio  of  specific  heats  for  air,  M  =  local 
Mach  number,  T  —  free  stream  temperature  in  degrees 
Rankine  (°R),  and  Tq—  stagnation  temperature  in  °R, 
c=  local  speed  of  sound.  The  quantities  p,  po,  and  To 
were  measured  directly. 

The  thrusts  for  the  cylindrical  pipe  and  the  long- 
radius  nozzle  were  computed  from  the  measured  velocity 
profiles  by  numerical  integration.  The  other  nozzles 
were  compared  not  on  the  basis  of  equal  thrust  but  on 
the  basis  of  equal  centerline  velocity  or  equal  exit- 
pressure  ratio. 

LIMITATIONS  OF  REVERBERATION 
CHAMBER  TECHNIQUE 

In  a  large  reverberation  chamber,  the  assumption  of 
uniform  sound  energy  distribution  is  invalid  at  high 
frequencies,  since  at  these  frequencies  the  absorption 
in  the  chamber  is  appreciable.  The  measured  variation 
of  absorption  with  frequency  for  the  National  Bureau  of 
Standards  reverberation  chamber  is  given  in  the  final 
column  of  Table  I.  A  large  part  of  the  absorption  is 
caused  by  the  air,  as  can  be  seen  upon  comparison 
with  the  computed  air  absorption  also  given  in  the 
table. 


Fig.  6.  Detail  of  shallow  corrugated  nozzle.  (Note:  The 
fraction  should  read  |4-) 
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e  =  2  400  -  4800  CPS 

Fig.  7.  Polar  distribution  in  various  frequency  bands  of  relative 
sound  pressure  level  caused  by  an  air  jet  from  a  long-radius 
nozzle  of  5  in.  diameter  in  the  National  Bureau  of  Standards 
reverberation  chamber.  M  —  0.9.  All  microphone  positions  were 
9  ft  from  the  estimated  center  of  the  noise  source;  see  text.  The 
relative  levels  for  the  several  frequency  bands  are  arbitrary. 

In  connection  with  the  measurements  of  sound 
power  output,  the  energy  distribution  in  the  chamber 
was  examined  over  a  frequency  range  1000  to  approxi¬ 
mately  19  000  cps.  Relative  sound  pressure  levels  were 
measured  under  steady  state  conditions  at  15°  intervals 
around  the  jet  source.  The  relative  humidity  was 
controlled  at  about  60%. 

At  frequencies  above  5000  cps,  the  directional  pattern 
of  the  jet  source  became  apparent,  as  shown  in  Fig.  7. 


Table  II.  Sound  spectra  of  air  jets  with  rounded 
and  square  velocity  profiles. a 


Profile : 

Round 

Square 

Round 

Square 

Round 

Square 

M  on  center  line 

0.90 

0.90 

0.69 

0.69 

0.50 

0.50 

V a,  ft/sec,  on 

center  line 

940 

948 

748 

751 

550 

553 

Vb  mean,  ft/sec 

782 

932 

614 

740 

445 

545 

Frequency  range 
cycles  per 

second 

75-150 

150-300 

99.6 

106.9 

Sound  power  level 

103.2  90.7 

110.4  100.9 

in  db  re  10~16  watt 

96.6 

104.4  93.4 

96.9 

300-600 

115.4 

119.0 

108.8 

111.7 

100.8 

103.7 

600-1200 

123.2 

127.3 

115.5 

119.3 

106.8 

110.3 

1200-2400 

129.9 

133.9 

121.6 

125.1 

111.2 

114.9 

2400-4800 

131.9 

136.1 

122.1 

126.3 

111.9 

115.6 

4800-9600 

128.2 

132.3 

118.4 

122.2 

107.2 

110.9 

Total  sound 

power  level 

135.4 

139.5 

126.3 

130.1 

116.0 

119.7 

a  M  is  the  local  Mach  number.  Va  and  Vb  are  absolute  air  jet  velocities. 
Both  nozzles  were  i  in.  i.d. 


However,  quite  accurate  computations  (see  later  section 
on  accuracy  of  results)  of  sound  energy  could  be  made 
at  frequencies  up  to  about  7000  cps,  since  the  sound 
field  in  the  chamber  was  still  reasonably  diffuse  at  this 
frequency  as  the  figure  shows.  The  microphone  was 
cylindrical  in  shape,  with  the  diaphragm  at  one  end. 
The  closed  curves  connect  the  sound  pressure  levels 
measured  with  the  microphone  directed  at  right  angles 
to  a  radius  vector  from  the  estimated  center  of  the 
noise  source.  The  effective  center  of  the  jet  noise  source 
was  taken  to  be  a  point  on  the  axis  and  14  diameters 
downstream  from  the  exit  of  the  nozzle. 

The  arrowheads  indicate  the  pressure  levels  measured 
with  the  microphone  pointing  inward  along  this  radius 
vector.  The  length  of  the  arrow  is  governed  by  the 
directional  characteristics  of  the  microphone  and  the 
nonuniform  distribution  of  sound  energy  in  the  chamber. 

The  directional  characteristics  of  the  W.E.  633A 
dynamic  microphone  are  given  in  the  literature.10  Using 
these  figures  with  the  data  of  Fig.  7,  one  can  arrive  at 
an  approximation  of  the  angular  distribution  of  sound 
pressure  at  the  microphone  positions. 

The  arrows  in  Fig.  7  give  a  rough  idea  of  the  direc¬ 
tional  pattern  of  the  air  jet  source,  and  evidently  at 
the  higher  frequencies  the  assumption  of  equal  energy 
density  throughout  the  chamber  is  not  valid.  To  obtain 
accurate  measurements  of  the  power  output  of  a  source 
emitting  considerable  energy  at  frequencies  above  7000 
cps  either  a  small  reverberation  chamber  or  a  free-field 
method  would  have  to  be  used. 

Nevertheless,  for  the  sources  used  in  the  above  work 
it  was  considered  that  reasonable  accuracy  was  obtained 
by  the  use  of  the  large  reverberation  chamber. 

It  is  generally  considered  that  the  frequency  of  the 
peak  of  the  sound  spectrum  of  a  jet  source  is  related  to 


Table  III.  Sound  spectra  of  air  jets  with  rounded 
and  square  velocity  profiles.11 


Profile : 

Round 

Square 

Round 

Square 

Round 

Square 

Vb  mean,  ft/sec 

782 

776 

614 

612 

445 

446 

Va,  ft/sec,  on 

center  line 

940 

788 

748 

621 

550 

450 

M  on  center  line 

0.90 

0.73 

0.69 

0.57 

0.50 

0.40 

Frequency  range 
cycles  per 

second 

75-150 

150-300 

99.6 

106.9 

Sound  power  level  in  db  re  10_1*  watt 

98.2  90.7 

105.4  100.9  98.9  93.4 

92.4 

300-600 

115.4 

113.2 

108.8 

106.3 

100.8 

98.7 

600-1200 

123.2 

120.5 

115.5 

113.0 

106.8 

104.5 

1200-2400 

129.9 

126.9 

121.6 

118.1 

111.2 

108.4 

2400-4800 

131.9 

128.6 

122.1 

118.8 

111.9 

108.4 

4800-9600 

128.2 

123.9 

118.4 

114.4 

107.2 

103.4 

Total  sound 

power  level 

135.4 

132.1 

126.3 

122.9 

116.0 

113.0 

a  Va  and  Vb  are  absolute  air  jet  velocities.  M  is  the  local  Mach  number. 
Both  nozzles  were  I  in.  i.d. 


10  L.  L.  Beranek,  Acoustic  Measurements  (John  Wiley  and  Sons, 
Inc.,  New  York,  1950),  p.  226. 
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the  diameter  of  the  source.  For  a  large  source  of  20  in. 
diameter  the  sound  output  may  peak  at  a  low  frequency, 
around  500  cps,  while  for  a  small  source  of  ^  in.  diameter 
the  corresponding  figure  may  be  around  5000  cps. 

Thus  to  improve  the  accuracy  of  reverberation 
chamber  measurements  of  sound  power  output,  the 
possibility  existed  of  using  a  nozzle  larger  than  §  in. 
diameter,  so  that  less  of  its  sound  output  would  lie  in 
the  high-frequency  region  where  measurements  were 
less  accurate.  This  was  not  done  since  the  noise  levels 
of  a  larger  nozzle  at  the  Mach  numbers  used  would 
have  been  unpleasantly  high  for  the  observer  in  the 
chamber;  to  handle  all  the  measurements  by  remote 
control  would  have  been  very  cumbersome. 

RESULTS 

Spectra  and  sound  power  output  figures  for  various 
nozzles  are  given  in  Tables  II,  III,  IV,  and  V.  The  differ¬ 
ences  between  the  sound  power  outputs  of  the  various 
nozzles  can  be  summarized  as  follows. 

1.  For  a  given  jet  diameter  and  mean  velocity 
(thrust)  the  sound  power  level  of  the  round  profile  jet 
was  about  3  db  greater  than  that  of  the  square  profile 
jet.  This  increase  in  sound  power  probably  resulted 
from  the  greater  (about  21%)  centerline  velocity  of 
the  round  profile  jet. 

2.  For  a  given  jet  diameter  and  centerline  velocity, 
the  sound  power  level  of  the  square  profile  jet  was 
about  4  db  greater  than  that  of  the  round  profile  jet. 
However,  the  thrust  was  about  45%  greater  in  the 
former  case. 

3.  The  total  sound  power  output  of  the  air  jet  with 
round  velocity  profile  varied  as  the  7.7  power  of  the 
mean  velocity,  the  standard  deviation  being  0.3.  For  the 
square  velocity  profile  jet,  the  value  was  8.2  with  a 
standard  deviation  of  0.2.  See  Fig.  8. 

4.  For  a  given  jet  diameter  and  centerline  velocity, 
the  sound  power  level  of  the  saw-tooth-end  nozzle  was 
about  1|  db  greater  than  that  of  the  cylindrical  nozzle. 


Table  IV.  Sound  spectra  of  air  jets  emerging  from  cylindrical 
pipes  (circular  cross  section)  with  square  and  saw-tooth  ends.a 


Square  end 

Saw-tooth  end 

M  on  center  line 

0.79 

0.79 

V a,  ft/sec,  on  center  line 

835 

836 

Frequency  range  cycles 

Sound  power  level  in  db  re 

per  second 

10 

'16  watt 

75-150 

97.2 

97.2 

150-300 

103.4 

103.9 

300-600 

111.9 

112.4 

600-1200 

119.5 

120.0 

1200-2400 

125.9 

126.6 

2400-4800 

128.1 

129.8 

4800-9600 

124.2 

127.2 

Total  sound  power  level 

131.5 

133.1 

a  The  pipes  were  14  in.  long  with  \  in.  i.d.  M  is  the  local  Mach  number. 
Vo  is  the  absolute  air  jet  velocity. 


JET  VELOCITY  IN  FEET  PER  SECOND 

Fig.  8.  Total  sound  power  radiated  by  two  air  jets  as 
a  function  of  mean  jet  velocity. 


5.  For  a  given  exhaust  passage  area  and  exit  pressure 
ratio  [corresponding  to  0.9,  using  Eq.  (3)  above], 
the  sound  power  levels  of  both  types  of  corrugated 
nozzle  were  approximately  9  db  less  than  that  of  the 
long-radius  nozzle. 


Table  V.  Sound  spectra  of  air  jets  emerging  from  long-radius  and 
corrugated  nozzles  of  equal  exhaust  passage  areas.® 


Sound  power  level  in  db  re  10  16  watt 
M  =0.90 


Frequency 

range 

c/s 

Long 

radius 

nozzle 

Shallow 

corrugated 

nozzle 

Deep 

corrugatea 

nozzle 

75-150 

102.5 

98.8 

100.1 

150-300 

109.1 

106.1 

106.6 

300-600 

118.1 

112.4 

111.9 

600-1200 

126.0 

117.5 

116.5 

1200-2400 

132.2 

121.7 

121.2 

2400-4800 

134.2 

123.7 

123.5 

4800-9600 

130.2 

123.2 

123.2 

Total  sound  power  level 

137.7 

128.2 

128.0 

M  =0.70 

75-150 

96.5 

88.6 

99.5 

150-300 

103.8 

99.1 

105.1 

300-600 

111.2 

104.9 

109.4 

600-1200 

119.0 

110.2 

114.0 

1200-2400 

123.9 

114.2 

117.2 

2400-4800 

125.5 

115.7 

120.0 

4800-9600 

121.4 

115.2 

118.9 

Total  sound  power  level 

129.2 

120.5 

124.3 

M  =0.50 

75-150 

94.7 

150-300 

96.1 

91.6 

98.1, 

300-600 

103.1 

96.6 

100.9 

600-1200 

109.5 

101.2 

106.5 

1200-2400 

113.9 

105.7 

110.7 

2400-4800 

114.7 

108.5 

113.0 

4800-9600 

109.9 

106.9 

110.4 

Total  sound  power  level 

118.8 

112.5 

116.9 

a  The  Mach  number  M  was  calculated  from  the  ratios  of  pressures  inside 
and  outside  the  calming  tank,  assuming  isentropic  flow,  by  use  of  Eq.  (3) 
above. 
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ACCURACY  OF  RESULTS 

The  total  sound  power  levels  given  above  are  prob¬ 
ably  slightly  below  the  true  levels,  since  the  sound 
energy  at  frequencies  above  9600  cps  was  not  measured. 
Extrapolating  the  figures  to  account  for  this  would  give 
increases  in  the  total  power  levels  of  less  than  ^  db  for 
Tables  II,  III,  and  IV,  and  up  to  1  db  for  Table  V. 

Taking  this  and  other  possible  sources  of  error  into 
account,  it  is  probably  safe  to  say  that  the  total  power 
levels  of  Tables  II,  III,  and  IV  are  within  ±2  db  of 
the  true  values,  and  that  they  are  correct  within  ±  1  db 
for  comparative  values;  for  Table  V  the  figures  are  ±3 
db  and  ±2  db.  Thus  when  the  sound  power  output  of 
the  corrugated  nozzle  is  given  as  9  db  less  than  that 
of  the  long-radius  circular  nozzle  for  a  given  thrust,  we 
judge  the  figure  9  db  to  be  correct  within  ±2  db. 

We  estimate  the  individual  velocity  figures  and  Mach 
numbers  to  be  within  ±1%  of  the  true  values. 

The  variation  of  sound  power  level  with  logio  (mean 
jet  velocity)  was  found  to  follow  a  straight  line  as  shown 
in  Fig.  8.  The  slope  of  this  straight  line  was  computed 
by  the  method  of  least  squares,  using  a  weighting  for 
each  point  to  account  for  its  margip  of  error.  Five 
points  were  used  in  the  calculation  for  the  round 
profile  jet,  and  10  points  for  the  square  profile  jet. 

The  standard  deviation  of  individual  points  (i.e., 
values  of  sound  power  level  at  a  given  jet  velocity)  was 
0.6  db.  That  is,  given  the  original  estimates  of  possible 
error  (±  2  db)  for  the  power  levels,  and  assuming  a 
straight  line  dependence  of  power  level  on  logio  (mean 
jet  velocity),  the  chances  were  68  out  of  100  that  the 
measured  power  levels  lay  within  0.6  db  of  the  true 
values. 

DISCUSSION 

The  figures  given  above  for  sound  power  output  are 
generally  lower  than  those  of  Fitzpatrick3  and  Lee.4 
Depending  on  the  jet  velocity,  the  present  sound  power 


Fig.  9.  Sound  spectra  of  two  air  jets  at  various  mean  velocities: 
solid  circles  # ,  cylindrical  nozzle  (round  profile) ;  open  circles  O , 
long-radius  nozzle  (square  profile).  See  Table  III. 


levels  were  from  8  to  11  db  less  than  those  given  in 
reference  3  and  from  3  to  6  db  less  than  those  in 
reference  4.  Most  of  the  difference  is  probably  due  to 
the  causes  discussed  in  the  introduction. 

The  differences  were  not  significant  between  the  sound 
powers  radiated  by  the  nozzles  of  circular  cross  section 
giving  rounded  and  square  velocity  profiles,  for  the 
same  thrust.  Lassiter  and  Hubbard,11  and  Powell,2  have 
also  discussed  this  matter,  and  reached  this  conclusion. 

Concerning  the  variation  of  the  sound  power  with 
mean  flow  velocity,  the  values  of  7.7  and  8.2  obtained 
for  the  exponent  of  the  latter  are  in  quite  good  agree¬ 
ment  with  the  earlier12  prediction  of  Lighthill.  This 
agreement  may  be  fortuitous,  since  that  theory  was 
restricted  to  homogeneous  isotropic  turbulence  and 
low  Mach  numbers.  A  later  paper13  by  that  author 
discusses  reasons  why  the  exponent  might  exceed  8. 
The  value  for  the  exponent  found  by  Lee2  was  6.4, 
while  Tyler  and  Perry14  obtained  the  value  8  in  later 
experiments.  Of  course,  the  sound  intensity  at  a  point 
in  the  sound  field  of  a  jet  is  a  different  matter,  and  the 
dependence  of  this  intensity  on  the  mean  jet  velocity 
varies  considerably  with  the  position  of  the  measuring 
point.15 

As  regards  the  frequency  distribution  of  the  sound 
power  radiated  by  various  nozzles,  the  spectra  shown 
in  Fig.  9  were  obtained  with  air  jets  of  round  and  square 
velocity  profiles,  under  the  same  thrust  conditions. 
Although  the  velocity  profiles  of  the  two  types  of  air 
jets  are  very  different,  their  spectra  and  sound  power 
outputs  are  extremely  similar. 


NOZZLE  DIAMETERS  DOWNSTREAM 

Fig.  10.  Mach  number  contours  of  an  air  jet  in  the  vicinity  of 
Tin.  diameter  long-radius  nozzle.  Mean  flow  velocity  Vb  =  862 
ft/sec  at  exit  edge  of  nozzle.  Mach  numbers  were  computed  from 
pitot  measurements  without  correction  for  turbulence. 


11  L.  W.  Lassiter  and  H.  H.  Hubbard,  J.  Acoust.  Soc.  Am.  27, 
431-437  (1955). 

12  M.  J.  Lighthill,  Proc.  Roy.  Soc.  (London)  A211,  564-587 
(1952). 

13  M.  J.  Lighthill,  Proc.  Roy.  Soc.  (London)  A222,  1-32  (1954). 

14  J.  M.  Tyler  and  E.  C.  Perry,  S.  A.  E.  Trans.  63,  308-320 
(1955). 

15  A.  Powell,  Aircraft  Eng.  26,  2-9  (1954). 
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Fig.  11.  Mach  number  contours  of  an  air  jet  in  the  vicinity 
of  a  J-in.  diameter  cylindrical  pipe.  Mean  flow  velocity  Vb  =  810 
ft/sec  at  exit  edge  of  nozzle.  Mach  numbers  were  computed  from 
pitot  measurements  without  correction  for  turbulence. 

A  possible  explanation  for  this  is  that  a  large  fraction 
of  the  jet  noise  is  generated  some  distance  downstream 
from  the  exit  edge  of  the  nozzle.  Figures  10  and  11, 
which  show  contours  of  Mach  number*  in  the  vicinity 
of  the  nozzles,  tend  to  support  this  explanation  insofar 
as  the  two  sets  of  contours  are  extremely  similar  down¬ 
stream  from  the  nozzles  and  differ  only  near  their  exit 
edges.  The  angle  of  divergence  of  the  air  jet  was  about 
the  same  in  both  cases. 

The  spectra  of  the  sound  radiated  by  the  corrugated 
nozzles  are  shown  in  Fig.  12.  At  the  higher  jet  velocities, 
the  two  types  of  corrugated  nozzles  performed  equally 
as  noise  reducers;  but  at  the  lower  jet  velocities  the 
nozzle  with  shallow  corrugations  was  considerably 
better  than  the  one  with  deep  corrugations. 

Of  the  various  nozzles  used,  only  the  corrugated  type 
gave  a  significant  reduction  (9  db)  in  sound  power  level. 

*  The  Mach  numbers  plotted  in  Figs.  10  and  11  were  derived 
from  pitot  tube  readings,  using  Eq.  (3)  above.  No  correction  was 
made  for  the  effect  of  turbulence. 


Fig.  12.  Sound  spectra  of  air  jets  from  two  types  of  corrugated 
nozzle;  see  Table  V.  Solid  circles  #;  shallow  corrugated  nozzle; 
open  circles  O  ;  deep  corrugated  nozzle. 

This  figure  is  in  fair  agreement  with  the  reduction  of 
7  db  obtained  by  Greatrex6  for  a  full-scale  corrugated 
nozzle  mounted  on  a  jet  engine,  using  a  free-field 
technique.  The  reason  for  this  reduction  in  sound  power 
is  not  known,  although  it  has  been  suggested6  that  it 
is  primarily  due  to  the  increased  divergence  of  the  air  jet. 

The  saw-tooth  nozzle  also  increased  the  divergence 
of  the  air  jet,  compared  to  the  nozzles  having  a  circular 
orifice.  However,  the  sound  power  output  was  not 
reduced  in  this  case,  possibly  owing  to  additional  noise 
being  generated  by  the  air  flowing  over  the  teeth. 

We  are  of  the  opinion  that  the  reduction  in  sound 
output  of  an  air  jet  given  by  both  the  corrugated  nozzle 
and  the  metal  screen16  is  closely  related  to  the  changes 
these  devices  produce  in  the  development  of  turbulence 
in  the  escaping  air  jet.  It  is  hoped  to  study  this  relation 
further  in  the  future. 


16  E.  E.  Callaghan,  and  W.  D.  Coles,  Natl.  Advisory  Comm. 
Aeronaut.,  Tech.  Notes  3452  (1952). 
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Output  of  a  Sound  Source  in  a  Reverberation  Chamber  and  Other 

Reflecting  Environments* 

Richard  V.  Waterhouse 
National  Bureau  of  Standards ,  Washington ,  D.  C. 

(Received  October  21,  1957) 

It  is  important  to  know  the  output  of  a  source  as  a  function  of  position  in  a  reverberation  chamber. 
Expressions  are  given  for  the  sound  power  output  of  simple  monopole  and  dipole  sources  as  functions  of 
source  position  in  various  reflecting  environments.  They  are  obtained  by  the  use  of  the  method  of  images 
and  a  general  formula  due  to  Rayleigh  for  the  output  of  a  number  of  simple  sources.  The  cases  of  a  dipole 
source  near  a  reflecting  plane  and  a  simple  source  near  a  reflecting  edge  and  corner  are  treated,  and  the 
effect  of  the  band  width  of  the  source  is  considered.  The  results  apply  when  the  reflectors  enclose  the  source, 
as  in  a  reverberation  chamber,  unless  the  distance  in  wavelengths  between  parallel  walls  is  small  and  the 
absorption  in  the  enclosure  is  low.  Some  experimental  data  are  given,  and  the  reverberation  chamber  method 
of  measuring  the  power  output  of  sources  is  discussed.  In  the  general  case  of  an  extended  source  emitting 
nonspherical  waves  near  reflecting  surfaces,  it  may  be  more  convenient  to  find  the  variation  of  power  output 
with  position  by  experiment  than  by  calculation. 


INTRODUCTION 

N  important  property  of  sound  sources  is  that  their 
sound  power  output  and  directional  patterns  in 
general  vary  when  they  are  placed  in  different  positions 
near  reflecting  surfaces. 

The  effect  is  caused  by  the  sound  reflected  from  the 
reflectors  reacting  back  on  the  source.  This  reaction  can 
be  considered  as  an  impedance  reflected  onto  the  source. 
The  reflected  impedance  varies  with  the  environment, 
and  thus  in  general  the  sound  power  output  of  the 
source  varies  with  the  environment. 

The  effect  is  discussed  in  the  literature,1-3  and 
Fischer* 1 2 3 4  has  given  expressions  for  the  dependence  on 
source-reflector  separation  for  a  simple  source  near  a 
plane.  In  this  paper  expressions  are  given  for  various 
source-reflector  systems  that  are  of  interest  in  architec- 


Fig.  1.  Coordinate  axes  used  in  derivations  in  text.  cosa  =  cos0, 
cos/3  =  sin0  cos </>,  and  cosy  =  sin0  sin0.  Element  of  area  on  a  sphere 
of  radius  d  with  center  0  is  d2  sin ddddp. 

*  A  lecture  on  this  topic  was  given  at  a  meeting  of  the  Acoustical 
Society  of  America  on  December  15,  1955. 

1  Lord  Rayleigh,  Theory  of  Sound  (Dover  Publications,  New 
York,  1945),  Vol.  2,  pp.  108-112. 

2  H.  Lamb,  Dynamical  Theory  of  Sound  (Edward  Arnold  and 
Company,  London,  1931),  second  edition,  pp.  229  and  233. 

3L.  L.  Beranek,  Acoustics  (McGraw-Hill  Book  Company,  Inc., 
1954),  pp.  319-320. 

4  F.  A.  Fischer,  Elek.  Nachr.-Tech.  10,  19  (1933). 


tural  acoustics,  including  the  case  of  a  dipole  source 
near  a  reflecting  plane,  and  a  simple  source  near  a 
reflecting  edge  and  corner. 

These  expressions  follow  from  the  use  of  the  method 
of  images  and  a  formula  due  to  Rayleigh  for  the  output 
of  a  number  of  simple  sources.  It  is  shown  that,  in 
general,  the  power  output  of  the  source  differs  signifi¬ 
cantly  from  the  free-field  value  if  the  distance  of  the 
source  from  the  reflector  is  less  than  the  wavelength  of 
the  sound  emitted. 

These  results  are  of  practical  importance  in  several 
ways.  For  example,  they  show  where  a  source  must  be 
located  in  a  reverberation  chamber  if  the  free-field 
value  of  the  power  output  of  the  source  is  to  be 
measured.  They  also  enable  one  to  estimate  to  what 
extent  noise  can  be  reduced  or  increased  by  manipu¬ 
lating  reflectors  near  a  source.  Such  manipulation  of 
reflectors  could  also  be  used  to  match  a  source  into  a 
medium. 

We  first  obtain  expressions  for  the  power  output 
variations  of  some  simple  types  of  source  and  reflector, 
and  then  consider  their  application  to  the  more  compli¬ 
cated  source-reflector  systems  met  in  practice. 

OUTPUT  OF  SOURCE  NEAR  PLANE  REFLECTOR 

Rayleigh’s  formula5-8  for  the  directional  pattern  DP 
of  a  number  of  simple  sound  sources  of  uniform  strength 
and  frequency,  placed  at  arbitrary  positions  in  space, 
can  be  written 

ZbPcxE  Y,  cos(kdmn+emn),  (1) 

m  n 

where  k  =  u ;/c0,  u=2rf,  c0  is  the  sound  velocity,  and  / 
is  the  frequency  of  the  sound  sources. 

6  Rayligh,  Collected  Papers  (Cambridge  University  Press, 
London,  1912),  Vol.  5,  p.  137. 

6  H.  Stenzel,  Elek.  Nachr.-Tech.  6,  165  (1929). 

7  H.  Stenzel,  Leitfaden  zur  Berechnung  von  Schallvorgaengen 
(Berlin,  1939)  (English  translation  by  A.  R.  Stickley,  published 
by  Naval  Research  Laboratory,  Washington,  D.  C.). 

8  E.  Rhian,  J.  Acoust.  Soc.  Am.  26,  704  (1954). 
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The  path  difference  of  rays  from  sources  m  and  n 
in  the  direction  with  direction  cosines  cosa,  cos/3,  cosy 
(see  Fig.  1)  is  dmn,  i.e., 

dmn=  (xm—xn)  cosa-f  (ym— yn)  cos/3+ (zm— z„)  cosy,  (2) 

where  (xm,ym,zm)  are  the  position  coordinates  of  the 
rath  source.  emn  is  the  phase  difference  between  sources 
ra  and  n.  The  term  “directional  pattern”  is  defined  here 
as  the  part  varying  with  direction  in  the  expression  for 
the  mean  squared  pressure  in  the  far  field  of  a  source. 

The  sound  output  W  of  all  the  N  sources  is  obtainable 
by  integrating  (1)  over  a  sphere,  and  can  be  written 

W/Wf=N+  2  £  (cosemn)j0(rmn'),  (3) 


where  the  sum  is  taken  over  every  pair  of  sources.  If 
only  one  source  is  real,  the  rhs  of  (3)  is  divided  by  N. 
Wf=  27rk2p0co  is  the  free-held  power  output  of  one 
source.  The  spherical  Bessel  function  is  jo(rmn') 
=  (sin rmn)/rmn,  and  rmn' = Airrmn/\,  i.e.,  4ir  times  the 
distance  in  wavelengths  between  sources  ra  and  n. 

f mn  [[(^m  Xn)‘  I ~(^ym  y n)  1 —  (zm  Zn)  []*.  (4) 


From  these  formulas  we  can  obtain  comparable  ex¬ 
pressions  for  the  output  of  a  single  source  near  certain 
reflecting  surfaces,  by  the  use  of  the  method  of  images.2  9 
In  this  method,  sound  reflected  by  the  reflector  is  con¬ 
sidered  to  emanate  from  one  or  more  image  sources. 
These  image  sources  are  placed  so  that  their  radiation 
combines  with  that  of  the  object  source  to  satisfy  the 
boundary  conditions  of  the  problem. 

We  consider  that  the  reflectors  are  rigid  and  100% 
reflecting,  so  the  boundary  condition  is  that  on  the 
reflecting  plane  the  normal  component  of  particle 
velocity  is  zero.  The  strength,  i.e.,  peak  volume  velocity, 
of  the  source  is  fixed,  and  independent  of  the  environ¬ 
ment  of  the  source. 

For  the  case  of  a  simple  source  near  a  plane  reflecting 
surface,  as  shown  in  Fig.  2(a),  one  image  source  is 
enough  to  satisfy  this  boundary  condition,  the  image 
source  being  equal  in  strength  and  phase  to  the  object 
source. 

The  directional  pattern  of  the  source  plus  reflector  is 
then,  from  (1) 

DP  a  cos2o,  (5) 


Fig.  2.  #  Point  source.  O  Image  source.  Acoustic  images  at 
one-wall,  two-wall,  and  three-wall  reflectors  when  one  point  source 
is  present.  The  black  lines  represent  the  profiles  of  the  reflectors. 

9  H.  Lamb,  Hydrodynamics  (Dover  Publications,  New  York, 
1945),  p.  129. 


Fig.  3.  Theoretical  curves 
for  the  relative  power  out¬ 
put  W/Wf  of  a  simple 
source  as  a  function  of  posi¬ 
tion  near  one-,  two-  and 
three-plane  reflectors  at 
right  angles,  p  and  r  are 
the  distances  of  the  source 
from  the  origin  along  the 
lines  of  symmetry,  and 
k= w/co  is  the  wave  number. 
When  the  source  is  many 
wavelengths  away  from  the 
reflectors,  its  power  output 
W  approaches  the  free  field 
value  W f  asymptotically. 
The  dashed  lines  are  the 
asymptotes.  See  Table  II 
for  the  expressions  plotted 
here. 
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where  a=kx  cosa ;  the  reflecting  plane  is  the  yz  plane  of 
Fig.  1,  and  the  source  is  a  distance  x  from  it. 

The  power  output  W  of  the  source  plus  reflector4  is 
found  from  (3)  to  be 

W/W/=  1+ioOO*  (6) 

W j  is  the  output  of  fhe  source  in  a  free  field,  for 
example,  suspended  on  a  string  in  an  anechoic  chamber. 
The  spherical  Bessel  function  7o(^/)—  (sinrc')/ (a;'),  and 
x'=Atvx/\,  i.e.,  Air  times  the  distance  in  wavelengths 
from  source  to  reflector. 

The  power  output  of  the  source-reflector  combination 
can  also  be  obtained  by  calculating  the  impedance  seen 
by  the  source,  as  shown  in  Appendix  II. 

Expression  (6)  is  plotted  in  Fig.  3(a).  It  can  be 
written  in  terms  of  the  other  variables  /,  the  frequency, 
or  k,  the  wave  number,  as 

W/Wj  =  l+jo(2kx)  (7) 

=  l+jo(Airfx/co).  (8) 

The  form  (6)  is  used  here  since  it  is  compact  and  helps 
to  underline  the  fact  that  the  position  in  space  of  the 
source,  measured  in  wavelengths,  is  the  important 
variable  here. 

SOURCE  OF  ARBITRARY  DIRECTIONAL  PATTERN 

For  a  sound  source  of  arbitrary  directional  pattern 
A  x=  A  (#,</>),  the  method  of  images  can  still  be  used,  but 
the  image  sources  must  now  have  particular  directional 
patterns.  If  the  source  is  distant  x  from  an  infinite 
rigid  reflecting  plane,  an  image  source  with  directional 
pattern  A2—A  (tt— d,<f>)  is  needed  to  satisfy  the  boundary 
condition. 
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From  (1)  we  then  obtain  for  the  directional  pattern 
DP  of  source  and  reflector 

DPa:A?+At+2AxAtza&2a.  (9) 

The  power  output  of  the  combination  is  then  propor¬ 
tional  to 

/%  *72  **  T 

I  I  (Ai2-\-A22-\-2AiA2  cos2c)  sinddddcj),  (10) 

•'0  *^o 

using  the  coordinate  system  of  Fig.  1.  The  constant  of 
proportionality  is  determined  by  normalization.  This 
expression  can  be  calculated  if  the  functions  A\= j 4  (0,0) 
and  A 2= A  (ir— 9,  </>)  are  given. 

As  an  example,  we  take  A 1  =  cos0,  using  the  coordinate 
system  of  Fig.  1  ,yz  being  the  reflecting  plane.  This  gives 
the  source  a  figure-of-eight  directional  pattern  like  that 
of  a  dipole  source  in  a  free  field  with  the  dipole  axis 
parallel  to  the  .t  axis.  When  the  source  is  distant  x  from 
the  plane  reflector,  the  directional  pattern  of  the  com¬ 
bination  is  found  from  (9)  to  be 

DP  cc  cos2a  sin2a,  (11) 

and  the  power  output  from  (10)  is  given  by 

W/Wf=l-j0(x')+2j2(x'),  (12) 

where  W j  is  the  free-field  value  of  the  power  output  of 
the  source,  x'  =  Aizxl\  jo(x')  =  (sins')  A',  ji(x')  =  [jo(x') 
—  cosx'^/x',  and  ji(x')  =  ( 3/xf)ji(x')  —  jo(x '). 

Equation  (12),  which  is  the  same  as  Eq.  (21)  given 
later  in  this  paper,  is  plotted  in  Fig.  4. 

EFFECT  OF  BAND  WIDTH 

The  foregoing  results  apply  to  sources  emitting  sound 
at  one  frequency  only.  For  sources  emitting  sound  at  a 
few  discrete  frequencies,  i.e.,  a  line  spectrum,  the  re¬ 
sultant  effects  are  obtained  by  summing  arithmetically 


Fig.  4.  Theoretical  curves  for  the  relative  power  output  W /W / 
of  a  dipole  source  versus  distance  x/\  in  wavelengths  from  a  plane 
reflector.  Two  cases  are  shown,  with  the  dipole  axis  normal  and 
parallel  to  the  reflector.  See  Eqs.  (21)  and  (19).  The  dashed  line 
is  the  asymptote. 


the  effects  at  the  various  single  frequencies.  For  sources 
emitting  continuous  bands  of  noise,  analogous  results 
can  be  found  by  an  integration,  as  follows. 

For  a  point  source  emitting  noise  with  a  continuous 
band  width  f\  to  j 2 ,  (5)  becomes 

DP*  [l/(/2— /1)]  f  cos2a  df,  (13) 

•'/1 

a  l  +  [(sinZJ/2-sin/f/i)/JS(/2-/i)],  (14) 

where  B=  (47 rx  cosd)/c0. 

The  relative  power  output  of  the  source,  from  (6)  and 
(8)  is 

W/Wf=  l  +  [l/(/2- /1)]  f  jo(Arfx/co)df.  (15) 

*J/2 

The  integral  is  the  sine  integral,  which  is  tabulated. 
Graphs  of  (15)  for  band  widths  of  ±10%,  one  octave, 
and  5  octaves  are  given  in  Fig.  5.  It  is  apparent  that 
even  with  the  wide  band  of  5  octaves  the  main  feature 
of  the  curve  remains. 

Dipole  Source 

Expressions  for  the  directional  pattern  and  power 
output  of  a  dipole  source  as  functions  of  distance  from  a 
plane  rigid  reflector  are  obtainable  from  the  general 
formulas  (1)  and  (3). 

When  the  dipole  is  in  the  xy  plane  of  Fig.  1,  and  its 
axis  makes  an  angle  rj  with  the  reflector  (ys  plane),  its 
directional  pattern  is 

DP  <*■  sin277  cos2a  sin2a  +  cos277  cos2/?  cos2a,  (16) 

and  its  power  output  IF  in  terms  of  IF/,  the  free-field 
output  of  the  dipole,  is 

(W/W/)  =  l+(3/x')j1(xf) 

+3  sin2v[(l/x')ji(x')-j0(x')J,  (17) 

where  ji(x')  =  [jo(x')  —  cosx'^/x'. 

When  the  dipole  axis  is  parallel  to  the  plane,  7/  =  0  and 

DP  a  cos2/?  cos 2 a  (18) 

(W/W,)  =  \+j*W)+jiW),  (19) 

where  j 2(x’)=  (3/x')ji(x')  —  j 0(x'). 

When  the  dipole  axis  is  normal  to  the  plane  reflector, 
rj—  90°  and 

DP  cos2a  sin2a  (20) 

(W/Wf)=l-jo(x')+2j2(xf).  (21) 

The  foregoing  expressions!  are  tabulated  in  Table  I, 
and  graphs  of  (19)  and  (21)  are  given  in  Fig.  4. 

These  results  are  of  some  practical  interest.  For 

f  Results  (18)  to  (21)  were  given  in  a  lecture  on  this  topic  to 
the  Acoustical  Society  of  America  on  December  15,  1955.  More 
recently,  they  were  given  by  U.  Ingard  and  G.  L.  Lamb,  Jr., 
J.  Acoust.  Soc.  Am.  29,  743  (1957). 
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Table  I.  Expressions  for  the  directional  pattern  and  relative  power  output  of  a  dipole  source  as 
functions  of  distance  x  from  a  plane  reflecting  wall.a 


Dipole  makes  angle  ij  with  wall 

Dipole  axis  parallel  to  wall 

Dipole  axis  normal  to  wall 

Directional  pattern,  DP 

sin2^  cos2a  sin2a  +  cos27?  cos2/?  cos2a 

cos2/3  cos2a 

cos2a  sin2a 

Relative  power  output  W/W / 

1  +  (3/x‘ ')  j i  ( x’)  +  3  sin2??  [  ( 1  /x‘ ')  j i  (x')  —  j0  (x‘ ')  ] 

l+jo(x')-\-j2(x') 

^—jo(x')+2j2(x') 

0  a  =kx  cosa;  x'  =4ir*/X ;  jo(x')  =  (sin*')/*';  j  1  (*' )  =  [_j o(*')  —cos.*']/*';  ji(x')  =  (3/x’)j i(*')  —j o(*').  In  Fig.  1,  the  yz  plane  is  reflecting,  and  the  dipole  is 
in  the  xy  plane.  See  Fig.  4  for  graphs  of  some  of  the  expressions  here  for  the  relative  power  output. 


example,  at  low  frequencies  a  loudspeaker  with  no 
cabinet  radiates  like  a  dipole,  as  experimental  results 
given  later  show. 

OUTPUT  OF  SOURCE  NEAR  REFLECTING 
EDGE  AND  CORNER 

When  a  point  source  is  near  2  reflectors  at  right 
angles,  3  image  sources  are  needed  to  satisfy  the 
boundary  conditions,  as  shown  in  Fig.  2(b). 

The  normal  velocity  components  of  the  sound  from 
sources  1  and  2,  3  and  4,  cancel  on  the  xz  plane,  and 
similarly  for  sources  1  and  4,  2  and  3,  on  the  yz  plane. 
Analogous  arguments  hold  for  the  case  of  3  reflectors 
at  right  angles,  Fig.  2(c),  where  7  image  sources  are 
needed. 

Thus  when  the  source  is  at  ( x,y,z )  the  images  in  the 
three  reflector  case  lieat  the  points  (—x,  y,  z),  (x,  —y,  z), 
(x,y,-z),  (  x,  -y,  z),  (x,  -y,  -z),  (-x,y,-z), 

(  —  x,  —y,  —z),  and  analogously  for  the  two-plane  case. 

Inserting  these  image  positions  in  (1)  and  (3)  we 
obtain  the  directional  pattern  and  power  output  of  a 
simple  source  near  two-,  and  three-plane  reflectors. 

The  directional  pattern  for  a  simple  source  at  position 
xy  near  a  reflecting  edge  [xz  and  yz  planes  reflecting, 
see  Figs.  1  and  2(b)]  is 

DP  &  (cos a  cos b)2,  (22) 

where  a  —  kx  cosa,  b  =  kycos(3,  and  the  coordinate 
system  and  symbols  of  Fig.  1  are  used. 

The  relative  power  output  is 

W/Wf=  H-io(*/)+io(/)+io(p'),  (23) 

where  x'  =  kirx/\  y'  =  47ry/A,  and  p/  =  47r(x2+y2)V^- 
If  the  source  is  confined  to  the  line  of  symmetry 
from  the  origin,  bisecting  the  angle  xoy,  its  relative 
power  output  is 

W/Wf=  l  +  2j0(p'/^2)  +  jo(p')  (24) 

[see  Figs.  3(b)  and  9]. 

When  the  source  is  at  position  (x,y,z)  near  a  reflecting 
corner  the  directional  pattern  is 

DP  cc  (cosa  cos b  cost)2,  (25) 

where  a  and  b  are  as  in  (22)  and  c=kz  cosy,  (see  Fig.  1). 
The  relative  power  output  of  the  source  is 

w/w  f=  l+ioteO+ioOO+ioOs') 

+  jo  (p  /)  +  jo  (p/)  +  jo  (ps)-\-  jo  (O ,  (26) 


Fig.  5.  Theoretical  curves  for  the  relative  power  output  IT/IF/ 
of  a  simple  source  as  a  function  of  distance  x/\  in  wavelengths 
from  a  plane  reflector,  when  the  source  vibrates  with  various  band 
widths.  In  the  abcissae  X=  (Xi+X2)/2  where  Xi  and  X2  are  the 
wavelengths  at  the  extremes  of  the  bands.  The  dashed  lines  are 
asymptotes. 

where  p/  —  Ik^x-j-y'1)'1,  etc.,  and  r'  =  2&(.v2-+-y2+z2)b 

When  the  source  is  confined  to  the  line  of  symmetry 
from  the  corner,  its  relative  power  output  is 

W/W  f=  l+3jo(r'/rt)+3jo(r'^)+jo(r'),  (27) 

[see  Fig.  3(c)]. 

The  above  results  are  tabulated  in  Table  II,  and  some 
graphs  are  given  in  Figs.  3  and  6.  The  results  were 
obtained  by  a  different  technique  in  a  previous  paper.10 
Contour  maps  of  Eqs.  (17)  and  (20)  are  being  prepared 
with  the  aid  of  an  electronic  computer,  and  it  is  hoped 
to  publish  them  in  a  later  paper. 

The  curves  in  Fig.  3  are  caused  by  interference,  and 
depend  only  on  the  distance  in  wavelengths  between 
source  and  reflector. 

The  power  output  variation  can  be  considered  to 
result  from  the  source  seeing  a  different  radiation  re¬ 
sistance  R  at  different  positions  near  the  reflector,  while 
the  strength  or  volume  velocity  of  the  source  remains 
the  same.  The  ordinates  in  Fig.  3  can  all  be  labeled 
R/poCo,  as  in  Fig.  3(b). 

The  curves  can  also  be  considered  from  the  stand¬ 
point  of  the  method  of  images.  For  example  in  Fig.  2(a), 
when  the  source  touches  the  reflector,  it  concides  with 
its  image:  its  strength  is  thus  doubled,  and  its  power 

10  R.  V.  Waterhouse,  J.  Acoust.  Soc.  Am.  27,  247,  256  (1950). 
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Table  II.  Expressions  for  the  directional  pattern  and  relative  power  output  of  a  simple  source  as  functions  of 
position  ( x,y,z )  near  1-plane,  2-plane,  and  3-plane  reflectors  at  right  angles. a 


l -plane  reflector  (yz  plane) 

2-plane  reflector  (xz,  yz  planes) 

3-plane  reflector  ( xy ,  xz,  yz  planes) 

Directional  pattern,  DP 

cos  2a 

(cosa  COS b)"1 

(cosa  cos b  cos c)2 

Relative  power  output,  W / W / 

l+jo(x') 

1  +io(*')+Jo(y')+io  (p') 

l+jo(x')  +  j0(y')+jo(z') 

+io(pi')+io(p2')  +io(p3/)  Ejo(r') 

Along  line  of  symmetry 

l  +  2jo(p,/’v^)+Jo  (p') 

1  +  3  jo  (r  7  VJ)  +  3  j0  (r'V§)+io(F) 

«  a  =k  coso,  b  =ky  cos/3,  c=&zcosy.  cosa  =cos0,  cos/3  =sin0  cos0,  and  cos?  =sin0  sin <t>.  pi'  =  2£(;t2-f-  etc.  r' =  2k{xi-\-y‘l-\-zi)>‘.  jo(x')  =  (sin*')/*'.  See 
Fig.  1  and  Fig.  3  for  graphs  of  the  relative  power-output  functions  above. 


output  integrated  over  a  whole  sphere  would  be 
quadrupled.  However,  only  the  radiation  over  \  a 
sphere  can  exist,  i.e.,  in  front  of  the  plane  wall,  and  the 
power  output  is  thus  double,  not  quadruple,  the  free- 
held  value.  J 

For  similar  reasons,  the  power  output  of  a  simple 
source  goes  up  to  4  times  the  free-held  value  when  the 
source  is  near  a  reflecting  edge  and  up  to  8  times  near 
a  reflecting  corner.11 

Figure  7  shows  the  interference  of  the  sound-pressure 
waves  from  two  point  sources.  The  lower  part  of  the 
hgure  shows  the  mean  pressure  distribution  for  each 
source  along  the  line  joining  the  two  sources. 

When  the  distance  between  the  sources  is  less  than 
one  wavelength,  the  high  intensity  parts  of  the  helds 
interact,  and  the  total  energy  present  is  strongly 
dependent  on  the  source  separation.  When  the  distance 
between  the  sources  is  a  few  wavelengths,  the  high- 
intensity  central  part  of  the  field  of  each  source  is  little 
affected  by  the  interference  of  the  weak  outer  field  of 
the  other  source.  As  the  separation  of  the  sources 
increases,  the  effect  of  interference  becomes  negligible, 
and  the  power  output  of  each  source  approaches  the 
free-field  value,  as  shown  in  Fig.  3(a). 

One  feature  of  the  curves  in  Fig.  3  is  that  for  certain 
source  positions  the  power  output  is  less  than  the  free- 


Fig.  6.  Decibel  plot  of  curves  in  Fig.  3. 

X  See  reference  2.  Lamb’s  Hydrodynamics  contains  an  error  on 
this  point  (see  reference  9,  p.  498,  lines  5  and  6). 

11 H.  F.  Olson,  Elements  of  Acoustical  Engineering  (D.  Van 
Nostrand  Company,  Inc.,  Princeton,  1947),  p.  28. 


field  value.  This  occurs  in  all  the  regions  of  the  graphs  in 
Fig.  3  where  the  curve  is  below  the  dashed  lines.  In  such 
regions  the  interference  is  predominantly  destructive, 
and  the  power  output  of  the  simple  source  is  not  in¬ 
creased  but  diminished. 

For  example,  in  Fig.  2(c)  the  output  is  less  than  the 
free-field  output  when  the  source  distance  r  from  the 
corner  is  in  the  region  0.36A<r<0.78A.  If  the  source  is 
fixed  at  a  distance  r—  1  ft  from  the  corner,  the  corre¬ 
sponding  frequency  range  over  which  the  output  is 
diminished  is  approximately  the  octave  400-800  cps. 

Figure  3(c)  shows  the  interesting  fact  that  the  destruc¬ 
tive  interference  of  spherical  waves  near  a  reflecting 
corner  can  be  almost  complete.  This  is  perhaps  sur¬ 
prising  at  first  sight,  in  view  of  the  different  geometry 
of  the  systems  formed  by  the  spherical  waves  and  the 
rectangular  reflectors. 

When  the  simple  source  is  moved  out  from  the  apex 
of  the  corner  along  the  line  of  symmetry  with  respect 
to  the  three  walls  forming  the  corner,  the  power  output 
reaches  a  minimum  of  about  7%  of  the  free-field  value 
at  r=0.49A.  Thus  the  destructive  interference  is  about 
93%  complete. 

As  this  source  is  moved  out  from  the  corner,  its  output 
starts  at  9  db  above  the  free-field  value,  and  then  falls 
to  11.5  db  below  it  in  a  distance  of  about  A/2.  Thus  at 
this  point  the  drop  in  sound  power  output  is  20  db  from 
the  initial  value,  a  considerable  reduction. 

APPLICATION  TO  ENCLOSURES 

The  above  results  for  the  power  output  of  a  source  as 
a  function  of  position  near  reflectors  were  derived  under 
the  assumption  that  the  reflecting  surfaces  were  of 
infinite  extent,  and  the  question  arises  as  to  whether  the 
results  are  valid  when  the  surfaces  form  part  of  an 
enclosure,  such  as  a  reverberation  chamber  or  an 
ordinary  room.  When  a  source  radiates  in  an  enclosure, 
the  sound  can  be  reflected  back  and  forth  repeatedly, 
and  evidently  the  impedance  reflected  back  onto  the 
source  may  differ  substantially  from  the  amounts 
computed  above  for  nonenclosing  reflectors. 

In  the  next  section  of  this  paper,  experimental  evi¬ 
dence  is  given  which  shows  that  the  results  are  valid  in 
a  large  reverberation  chamber.  Here  we  will  mention 
physical  considerations  which  indicate  that  the  results 
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Fig.  7.  Interference  between  the  wave  systems  of  two  point 
sources.  In  the  lower  part  of  the  figure  the  rms  pressure  (p)  for 
each  source  is  plotted  along  the  line  joining  the  two  sources.  Along 
this  line  (p)  falls  off  according  to  an  inverse  first  power  law.  X  is 
the  wavelength. 

are  approximately  true  for  any  enclosure  under  two 
restrictions. 

These  restrictions  are  (a)  that  the  surfaces  of  the 
enclosure  other  than  those  being  considered  as  the 
reflectors  must  be  distant  at  least  a  wavelength  from 
the  source,  and  (b)  that  the  absorption  in  the  enclosure 
must  not  be  too  small.  Of  course,  the  original  limitations 
imposed  on  the  reflecting  surfaces  associated  with  the 
source  still  hold,  i.e.,  that  these  surfaces  (c)  must  be 
rigid,  and  perfect  or  nearly  perfect  reflectors,  and  (d) 
must  be  large  compared  to  the  wavelength. 

Under  conditions  (a)  and  (b),  the  reflected  energy 
from  the  far  walls  of  the  enclosure  (i.e.,  those  walls  not 
already  considered  to  be  associated  with  the  source) 
will  contribute  little  reflected  impedance  to  the  source. 

As  an  example  of  the  effect  of  a  partial  enclosure,  we 
can  consider  the  case  of  a  simple  point  source  equidistant 
from  two  plane  parallel  walls.  The  walls  have  a  pressure 
reflection  coefficient  R  <  1  which  is  independent  of  the 
angle  of  incidence  of  plane  waves. 

An  analysis  of  this  case  is  given  in  Appendix  I.  The 
power  output  of  the  source  depends  on  the  absorption 
of  the  walls,  and  the  distance  in  wavelength  separating 
the  walls,  as  shown  in  Fig.  8.  When  the  distance  between 
the  source  and  each  wall  exceeds  the  wavelength,  the 
power  output  of  the  source  differs  from  the  free-field 
value  by  less  than  1  db  even  when  the  wall  absorption 
is  low. 

The  image  theory  of  the  action  of  a  reflecting  environ¬ 
ment  on  a  source  can  be  applied  to  a  rectangular 
reverberation  chamber,  where  the  impedance  reflected 
onto  the  source  by  the  environment  will  vary  with  the 
distance  of  the  source  from  the  reflecting  surfaces  and 
the  dissipation  present.  From  physical  considerations 
one  would  expect  this  to  be  the  case  whether  the  dissipa¬ 
tion  occurs  at  the  walls  or  in  the  medium,  and  to  be 
independent  of  room  shape. 


The  next  question  to  consider  is  whether  quantitative 
criteria  can  be  given  for  conditions  (a)  and  (b)  above. 
If  the  absorption  of  the  enclosure  is  given,  how  many 
wavelengths  away  must  reflecting  surfaces  be  for  the 
impedance  they  reflect  on  the  source  to  be  within  given 
bounds? 

Unfortunately,  simple  answers  are  possible  only  in 
simple  cases,  e.g.,  for  a  simple  source  near  a  corner,  etc. 
It  should  be  noticed  that  the  directional  pattern  of  the 
source  is  important  here.  The  impedance  reflected  from 
a  reflector  onto  a  source  with  a  pencil-shaped  directional 
pattern  is  generally  different  from  that  reflected  onto  a 
source  emitting  spherical  waves.  For  in  the  former  case 
nearly  all  the  sound  radiated  can  be  reflected  back  onto 
the  source  by  a  plane  reflector  several  wavelengths 
away,  while  in  the  latter  case  only  a  small  fraction  can 
be  so  reflected. 

The  curves  in  Figs.  3,  5,  and  8,  and  the  experimental 
evidence  in  the  next  section  indicate  that  for  constant 
velocity  sources  of  spherical  waves,  reflectors  at  dis¬ 
tances  greater  than  X  from  the  source  will  have  small 
(less  than  1  db  or  25%)  effect  on  the  power  output, 
even  though  the  enclosure  is  very  reverberant  (e.g., 
average  surface  absorption  coefficient  about  3%). 

For  directional  sources,  the  corresponding  distance 
will  depend  on  the  orientation  of  the  source,  and  may 
exceed  X.  In  such  cases,  and  where  the  configuration  of 
the  reflecting  surfaces  is  not  simple,  it  may  be  easier  to 
measure  the  variation  of  power  output  with  position 
than  to  compute  it. 

EXPERIMENTAL  RESULTS 

Figure  9  gives  some  experimental  evidence  for  these 
effects.  The  solid  curve  is  a  plot  of  Eq.  (24),  and  gives 
the  theoretical  variation  of  the  power  output  of  a 
simple  point  source  as  it  is  moved  away  from  two 
reflectors  at  right  angles. 


Fig.  8.  Theoretical  curve  for  the  relative  power  output  W/Wf 
of  a  simple  point  source  equidistant  from  two  plane  parallel  walls. 
x/\  is  the  distance  in  wavelengths  between  the  walls.  The  walls 
have  a  pressure  reflection  coefficient  A<1  which  is  independent 
of  angle  of  incidence  for  plane  waves.  The  curve  is  a  plot  of 
Eq.  (31). 
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Fig.  9.  Relative  power  output  W /W /  of  a  simple  source  as  a 
function  of  distance  p  along  the  line  of  symmetry  from  the  origin 
at  the  vertex  of  a  two-plane  reflector.  The  solid  line  is  the  theo¬ 
retical  curve  for  a  single  frequency  given  by  Eq.  (24).  The  curve 
for  a  warbled  frequency  would  be  little  different,  see  Fig.  5.  The 
points  are  experimental  data  for  a  warbled  signal  350±50  cps. 
The  dashed  line  is  the  asymptote. 

The  black  dots  are  experimental  points,  measured  in 
the  National  Bureau  of  Standards  reverberation  cham¬ 
ber,  two  walls  being  used  as  the  two  reflectors. 

Loudspeakers  4  in.  in  diam,  mounted  in  small  boxes 
filled  with  mineral  wool,  were  used  to  simulate  simple 
sources.  They  were  driven  with  a  warbled  signal  of 
frequency  350±50  cps,  which  gave  a  wavelength  of 
about  3  ft,  i.e.,  about  6  times  the  box  diameter. 

The  voltage  across  each  loudspeaker  voice  coil  was 
kept  constant  throughout  the  experiment,  in  an  attempt 
to  make  the  loudspeaker  cones  vibrate  with  constant 
amplitude,  as  the  theory  required.  The  reasonable 
agreement  obtained  between  theory  and  experiment 
(see  the  following,  and  Fig.-  9)  indicated  that  the  loud¬ 
speakers  used  this  way  did  resemble  simple  sources 
of  constant  strength,  except  for  the  near-field  region. 

One  loudspeaker  was  put  in  each  of  the  4  lower 
corners  of  the  reverberation  chamber.  The  sound  level 
in  the  chamber  was  measured  by  fixed  microphones  as 
the  sources  were  moved  along  the  floor  away  from  the 
corners  of  the  chamber.  The  measured  sound  levels  gave 
the  sound  power  output  of  the  sources  as  functions  of 
position;  a  uniform  reverberant  sound  field  in  the 
central  part  of  the  chamber  was  assumed.  Four  sources 
were  used  instead  of  one  to  make  the  sound  field  more 
uniform.  The  walls  of  the  reverberation  chamber  were 
brick,  plastered  and  painted,  giving  a  sound  absorption 
coefficient  of  about  2%  at  this  frequency. 

Experimental  points  could  not  be  obtained  very  near 
the  corner  owing  to  the  physical  dimensions  of  the  loud¬ 
speaker  box.  The  two  experimental  points  shown 
nearest  the  corner  are  appreciably  off  the  theoretical 
curve ;  this  was  probably  caused  by  the  departure  of  the 
loudspeaker  field  from  the  spherically  symmetric  field 
required  by  the  theory.  However,  the  rest  of  the  data 
agree  quite  well  with  the  theoretical  curve. 


In  another  experiment,  one  4  in.  diam  loudspeaker 
was  taken  out  of  its  box  and  used  to  simulate  a  dipole 
source.  It  turned  out  to  be  unnecessary  to  use  4  loud¬ 
speakers.  A  warbled  frequency  of  300±50  cps  was 
used. 

Figure  10  shows  the  results  when  the  axis  of  the 
“dipole”  was  normal  to  a  reflecting  wall.  The  experi¬ 
mental  curve  is  of  the  same  type  as  that  given  by  the 
theory  for  a  dipole,  and  although  there  are  significant 
differences  between  the  2  curves  these  can  reasonably 
be  attributed  to  the  loudspeaker  source  differing  from 
the  ideal  dipole  source. 

Similar  experiments  were  made  using  8  in.  and  12  in. 
diam  loudspeakers,  and  in  all  cases  the  main  features  of 
the  theoretical  curve  were  confirmed,  but  the  details 
varied.  It  is  quite  entertaining  to  perform  this  experi¬ 
ment  in  a  qualitative  way,  by  moving  a  loudspeaker 
away  from  the  wall  of  a  reverberant  room,  the  loud¬ 
speaker  axis  being  normal  to  the  wall.  The  increase  in 
level  from  the  minimum,  obtained  with  the  loudspeaker 
touching  the  wall,  to  the  first  maximum  at  a  distance  of 
about  0.3X  is  quite  striking. 

Experiments  with  the  axis  of  the  loudspeaker  dipole 
parallel  to  the  wall  were  also  performed,  and  give 
results  which  agreed  with  the  theory  in  a  similar  way. 

Additional  confirmation  that  the  theoretical  results 
apply  in  a  reverberation  chamber  is  given  by  the  experi¬ 
mental  results  already  published10  for  the  interference 
patterns  that  exist  at  the  boundaries  of  a  reverberant 
sound  field. 

In  that  case  the  source  was  fixed,  and  the  microphone 
signal  was  measured  as  the  microphone  was  moved 
along  a  certain  path  near  the  reflecting  wall.  If  the 
chamber  is  kept  constant,  it  follows  from  the  theory  of 
reciprocity  that  if  the  source  and  microphone  are 
interchanged,  and  the  source  is  now  moved  along  the 
same  path  near  the  reflector,  the  microphone  must 
record  the  same  variation  as  it  did  before.  This  means 
the  output  of  the  source  must  vary  with  its  position. 

Thus  the  foregoing  results  for  the  source  follow  by 
reciprocity  theory  from  the  existence  of  the  interference 
patterns  in  the  reverberation  chamber,  subject  to  the 
restrictions  that  usually  apply  in  reciprocity  theory,  for 
example  that  the  source,  microphone,  and  any  absorbers 
present  are  linear. 

An  interesting  example  of  reciprocity  is  that  the 
variation  in  signal  picked  up  by  a  velocity  microphone 
when  moved  normal  to  a  reflecting  wall  is  the  same  as 
the  variation  in  output  of  a  dipole  source  moved  along 
the  same  path,  excluding  the  very-near-field  region.  This 
can  be  seen  by  comparing  Fig.  4  and  Eq.  (21)  of  this 
paper  with  Fig.  9  and  Eq.  (6)  on  p.  253  of  reference  10. 
Both  the  velocity  microphone  and  the  dipole  source 
have  the  same  figure-of-eight  directional  pattern,  the 
first  as  a  receiver  and  the  second  as  an  emitter.  The 
orientation  of  this  directional  pattern  with  respect  to 
the  wall  was  the  same  in  both  cases,  of  course. 
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MEASUREMENT  OF  THE  POWER  OUTPUT 
OF  A  SOUND  SOURCE 

In  considering  some  practical  consequences  of  these 
effects,  we  first  inquire  how  far  one  assumption  used  in 
deriving  the  above  results  will  hold  in  practice.  The 
assumption  was  that  the  volume  velocity  or  vibration 
of  the  source  was  independent  of  changes  in  the  im¬ 
pedance  it  worked  into. 

Apparently  this  is  true  for  most  sound  sources  met 
in  practice,  such  as  transformers,  jet  engines,  appliances, 
and  loudspeakers,  although  it  is  hard  to  find  published 
evidence  on  this  point.  Such  sources  are  not  matched 
into  the  medium,  and  are  little  affected  by  impedance 
changes  within  the  limits  we  are  considering  here. 

The  internal  impedance  of  such  sources  is  much 
higher  than  the  radiation  impedance  of  the  air  they 
work  into.  Thus  they  act  analogously  to  constant 
current  sources  in  electricity  and  deliver  power  pro¬ 
portional  to  the  load  resistance. 

A  related  fact  is  that  such  sources  are  inefficient  sound 
generators.  A  transformer  whose  whole  mass  is  vibrat¬ 
ing,  dissipates  much  more  energy  in  internal  friction 
than  in  sound  radiation,  and  its  motion  is  evidently 
largely  independent  of  the  latter. 

At  the  present  time  there  is  some  interest  in  the 
measurement  of  the  sound  power  output  of  sources;  an 
American  Standards  Association  standard  on  this  topic 
is  in  preparation.  In  this  paper  we  have  shown  that  such 
measurements  may  be  affected  by  the  presence  of  a 
reflector  in  four  ways.  A  reflector  can  change  the  power 
output,  the  directional  pattern,  the  extent  of  the  near 
field,  and  the  radiation  impedance  of  a  sound  source. 

It  is  clear  then  that  the  position  of  the  source  relative 
to  reflectors  must  be  carefully  considered  in  measuring 
its  sound  power  output.  One  can  measure  the  free-field 
value,  or  some  other  value  near  a  reflector,  or  perhaps 
both.  As  an  example,  if  a  transformer  is  always  used 
mounted  on  a  concrete  slab  it  is  probably  most  useful  to 
measure  its  power  output  in  that  position,  and  not 
bother  with  its  free-field  output. 

In  measuring  the  power  output  of  a  simple  source  by 
the  reverberation  chamber  method,  the  source  can  in 
principle  be  placed  anywhere  in  the  reverberation 
chamber,  and  the  results  corrected  to  the  free-field  value 
(or  the  value  corresponding  to  any  other  position  near 
plane  reflectors  at  right  angles)  by  using  the  equations 
in  Table  II.  However,  the  correction  varies  with 
frequency,  and  the  composite  correction  for  the  power 
output  of  a  broad-band  source  might  be  laborious  to 
compute.  Also  the  results  would  be  restricted  to  simple 
sources. 

Thus  in  practice  if  the  free-field  output  of  a  source  is 
required,  it  is  probably  most  convenient  to  place  the 
source  and  microphone  (s)  far  enough  away  from  all 
reflecting  surfaces  (walls,  floors,  ceilings,  vanes,  etc.)  in 
the  chamber  for  these  interference  effects  to  be  negli¬ 


gible.  For  simple  sources,  the  errors  from  these  effects 
will  in  general  be  less  than  1  db,  if  the  source  and  micro¬ 
phones  are  placed  at  least  A/2  from  the  nearest  bound¬ 
aries,  and  at  least  2A,  say,  from  the  other  boundaries  of 
the  chamber.  See  reference  10,  p.  254. 

For  a  source  with  a  nonspherical-directional  pattern 
of  sound  radiation,  the  corresponding  distances  will 
depend  on  the  orientation  of  the  source,  and  may  exceed 
these.  In  such  cases  it  may  be  more  convenient  to  find 
the  variation  of  power  output  with  position  by  experi¬ 
ment  than  by  calculation. 
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APPENDIX  I.  OUTPUT  OF  A  SIMPLE  SOURCE 
BETWEEN  TWO  PARALLEL  WALLS 

A  simple  source  is  equidistant  from  two-plane 
parallel  walls  whose  separation  is  x,  and  whose  pressure 
reflection  coefficient  R  <  1  is  independent  of  the  angle  of 
incidence  of  plane  sound  waves. 

At  a  point  a  small  distance  r  from  the  source,  on  a  line 
making  an  angle  6  with  the  normal  from  the  source  to 
the  reflectors,  r< 3Cx  and  r<< CA,  the  potential  caused  by 
the  direct  and  reflected  waves  is 

(1  ff)  cos(o)/—  kr)-\-  {R/x)\j:os(ut—kx-\-kr  cos 6) 

+  cos (c ot—kx—kr  cosd) / 

+  {R2  /  2x)[_cos(ut —  2kx-\-kr  cosd) 

+  cos(cof—  2kx—  kr  cos#)]+  •  •  •  (28) 

=  (1  /r)  cos(c ct—kr) 

+  2  (A  cosoj/+B  sine ot)  cos  (kr  cosd)  (29) 


Fig.  10.  The  curve  is  taken  from  Fig.  4.  The  circles  are  experi¬ 
mental  points  measured  in  a  reverberation  chamber,  for  the 
relative  power  output  W/W /  of  a  dipole  source  (axis  normal  to 
reflector)  vs  distance  x/\  in  wavelengths  from  a  plane  reflector. 
See  text. 
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where 

oo 

A  =  J/  ( Rn/nx )  cos nkx 

n=  I 

and 


(Rn/nx)  sinnkx.  (30) 

71=1 


From  (29)  we  obtain  the  pressure  p=  —  p0(dp/di) 
and  the  radial  particle  velocity  v=d\ p/dr.  Next  the 
mean  value  of  pv,  i.e.  (pv),  is  taken,  and  this  expression 
is  integrated  over  the  surface  of  the  sphere  of  radius  r. 
Then  the  power  output  of  the  source  is 


pTl  2 

IF  =  lim  47 rr2  I  (pv)  sin Odd 

r-o  J0 

=  2Trp<wk(\+2B/k) 

i.e., 

W/W/=  1  +  (2/kx)  tan-1[[(R  sin&F)/ (1  —  R  cosfcc)], 

R<  1,  (31) 

where  Wf  is  the  output  of  the  source  in  a  free  field. 

For  R=l, 

IF/lF/=  1  +  (ir/kx),  0  <  kx  <  2tt 

—  1  +  (Sir/kx),  2-K<kx<ATr,  etc. 

The  solution  is  finite  for  all  nonzero  values  of  kx;  the 
energy  escapes  between  the  walls.  For  R=l,  the  value 
of  W/Wf  jumps  discontinuously  from  \  to  §  at  kx=2-rr , 
and  jumps  from  f  to  5/4  at  Er=47r,  etc. 
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Fig.  11.  Equivalent  cir¬ 
cuits  for  a  sound  source 
consisting  of  a  small  puf- 
sating  sphere  of  radius  e«X. 
ZT  is  the  reflected  imped¬ 
ance  caused  by  a  plane  re¬ 
flector.  In  the  lime-,0  the 
source  becomes  a  simple 
point  source. 


(b) 


Equation  (31)  is  plotted  in  Fig.  8.  Stenzel12  gives 
expressions  in  the  form  of  infinite  series  for  the  velocity 
potential  in  some  more  general  cases  of  this  type. 

APPENDIX  II.  IMPEDANCE  REFLECTED  ONTO 
SIMPLE  SOURCE  BY  PLANE  REFLECTOR 

The  output  of  two  point  sources  was  calculated  by 
Rayleigh5  by  finding  the  mean-squared  pressure  at  a 
point  in  the  far  field,  and  integrating  this  over  a  spheri¬ 
cal  surface.  A  different  method,  based  on  the  fact  that 
the  reaction  of  a  source  (or  a  reflector)  on  another 
source  can  be  considered  as  a  reflected  impedance,  is  as 
follows. 

We  consider  first  a  source  similar  to  a  simple  point 
source,  but  with  a  small  finite  radius  e;  the  source  is  thus 
a  pulsating  sphere,  with  volume  velocity  independent 
of  e.  The  center  of  this  sphere  is  distant  x  from  a  plane 
rigid  reflector,  e«x,  e«A. 

The  potential  \p  at  a  distance  r  from  the  source  center, 
e<r«x,  A,  can  then  be  written 

\p=  (1/r)  exp i(wt  —  kr) 

+  (1  /2x)  expf(o)/— 2kx-\-kr  cos0).  (32) 

The  corresponding  pressure  and  velocity  are  given 
by  p=  —  p(d\p/dt),  v—  (dp /dr),  and  the  impedance  seen 
by  the  source  is 

Z=p/^irr2v  at  r=e  (33) 

=  (pwk/ A-k)[\-\-  (s\n2kx/2kx) 

+  i( \/ke-\-cos2kx/2kx)/\,  (34) 

dropping  second-order  terms.  Thus  Z=Z0+^r,  where 
Z0  is  the  free-field  value  of  the  impedance,  and  Zr  is  the 
reflected  impedance.  We  then  have 


Z0  =  lim  Z 

(35) 

X-*00 

=  (pwk/  47 r)  ( 1 +*/  ke) 

(36) 

—  RoA-iXo. 

(37) 

Equation  (34)  is  equivalent  to  the  electrical  circuit 
shown  in  Fig.  11(a)  which  can  be  transformed  to  that 
shown  in  Fig.  11(b).  In  the  latter,  the  mass  reactance 
proportional  to  \/kt  is  shunted  across  the  source  and 
becomes  infinite  as  the  source  approaches  a  point  source 
of  the  same  volume  velocity,  i.e.,  as  e— >0 ;  the  source  then 
works  into  the  free-field  radiation  resistance  Ro,  due  to 
the  medium,  in  series  with  the  reflected  impedance  Zr. 

From  (36),  Rq= puk/^Tr,  and  the  free-field  power 
output  of  the  source  is  (I2)Ro,  where  (I2)  is  the  mean- 


12  H.  Stenzel,  Ann.  Physik  43,  1-31  (1943). 
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squared  volume  velocity.  The  reflected  impedance, 
due  to  the  presence  of  the  reflector,  is 


—  Rr-\-iXT 

(38) 

=  (pc^2/47r)[jo(^/)  +  f«o(x')] 

(39) 

=  (pok2  /  Air)ho(x') , 

(40) 

where  jo(x')  and  no(x')  are  spherical  Bessel  function  of 
the  first  and  second  kind,  and  x'  =  2kx\  h0(x')  is  the 
spherical  Hankel  function.  A  plot  of  Rr  vs  XT  gives  the 
usual  impedance  spiral,  see  Fig.  12.  If  the  reflecting 
wall  is  not  rigid,  but  gives  a  “pressure  release”  boundary 
condition  (p= 0),  the  corresponding  reflected  impedance 
is  the  same  as  (40)  but  negative. 

It  is  emphasized  that  these  impedances13  apply  only 
to  a  simple  point  source.  The  same  reflector  will  in 
general  reflect  a  different  impedance  onto  a  different 
type  of  source,  for  example,  a  line  source. 

The  power  output  of  the  point  source  in  the  presence 
of  the  reflector  can  be  calculated  in  three  different 
ways.  (1)  By  integrating  {p 2),  the  mean-squared  pres¬ 
sure,  over  a  surface  in  the  far  field  which  encloses  the 
source.  (2)  By  integrating  (pvn ormai)  over  any  convenient 
surface  enclosing  the  source,  as  was  done  in  Appendix  I. 

13  G.  Laville  and  T.  Vogel,  Acustica  7,  101  (1957). 


Fig.  12.  Impedance  diagram  showing  how  the  impedance 
Zr  =  RT+iX r,  reflected  from  a  plane  reflector  onto  a  simple  source, 
varies  with  kx. 

(3)  By  taking  the  product  (/2)Re[limr_>o(/>/4irr2t»)]  as 
above.  From  (34)  this  gives 

(I2)(pa)k/4: 7r)[l+  {sm2kx/2kx)~\  =  W /[l+iofaOj 

the  same  as  (6). 
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REVERBERATION  CHAMBER  METHOD  OF 
MEASURING  SOUND  ABSORPTION  COEFFICIENT 


Raymond  D.  Berendt 
National  Bureau  of  Standards 
September  1959 


Description  of  Method: 

In  this  method,  the  sound  absorption  coefficient  is  measured  on  a 
large  sample  of  the  material,  about  7  2  square  feet  in  area,  mounted  ex¬ 
actly  as  it  would  be  in  an  actual  installation.  Owing  to  the  size  of 
the  sample,  variations  of  absorption  due  to  non-uniformity  of  the  product 
are  largely  averaged-out .  Moreover,  the  material  is  measured  in  a  sound 
field  which  approaches  that  existing  in  an  actual  large  room.  For  these 
reasons,  reverberation  chamber  coefficients  are  used  universally  for 
architectural  purposes,  and  this  test  is  accepted  as  the  standard  test  by 
the  acoustic  materials  industry. 

The  reverberation  chamber  at  the  National  Bureau  of  Standards  is  a 
double  wall  rectangular  enclosure  with  dimensions  25'  x  30 '  x  20 1 .  The 
walls  are  of  brick,  8"  thick  and  separated  by  a  4"  airspace.  The  interior 
surfaces  of  the  chamber  are  plastered  and  painted. 

Measures  are  taken  to  produce  the  uniform  distribution  of  sound 
energy  required  by  theory.  A  pair  of  rotating  vanes  are  mounted  on  a 
vertical  shaft  in  the  center  of  the  chamber.  Each  vane  measures  approx¬ 
imately  10% *  in  height  and  8'  in  width;  the  rate  of  rotation  is  5  rpm. 

The  sound  is  produced  by  four  12"  dia.  loudspeakers  fed  with  fre¬ 
quency  modulated  ("warbled")  test  signals,  with  approximately  107,  band 
width  and  a  modulation  rate  of  8  times  per  second.  The  speakers  are  en¬ 
closed  in  individual  wooden  boxes  which  are  positioned  on  the  floor  in 
the  four  corners  of  the  chamber.  The  faces  of  the  speakers  are  tilted 
upward  45°  with  respect  to  the  floor  and  directed  toward  the  midpoint  of 
the  chamber. 

The  sound  is  picked  up  by  four  dynamic  microphones  positioned  approx¬ 
imately  6'  above  the  floor  and  about  4%'  from  the  walls,  at  the  four 
corners  of  the  chamber. 

After  amplification  and  filtering,  the  microphone  output  is  fed 
into  a  logarithmic  recorder  which  automatically  records  the  level  of 
the  decaying  sound.  Essentially  linear  decays  covering  a  range  of  50  db 
are  obtained  at  the  discrete  frequencies.  From  this  record  the  reverber¬ 
ation  times  are  determined.  First,  the  reverberation  time  of  the  chamber 
is  measured  when  it  is  empty,  and  again  when  the  sample  is  placed  in  the 
chamber.  From  the  known  constants  of  the  chamber  and  the  difference  be¬ 
tween  the  two  reverberation  times  the  absorption  of  the  sample  is  computed, 
using  the  Sabine  formula.  The  measurements  are  made  with  the  chamber  held 
at  a  minimum  of  607,  relative  humidity  and  a  temperature  in  the  neighbor¬ 
hood  of  70°F. 
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Area  Effects: 


The  absorption  of  an  acoustic  material  depends  to  a  large  degree  on 
the  size  and  shape  of  the  sample  tested.  Because  of  diffraction  effects, 
measurements  on  small  samples  indicate  much  greater  absorption  per  unit  area 
of  material  than  do  measurements  on  larger  samples  of  the  same  material. 

It  is  not  unusual,  even  on  a  sample  as  large  as  72  square  feet,  to  obtain 
apparent  absorption  coefficients  greater  than  unity. 

From  a  large  number  of  measurements  on  areas  of  various  sizes  and 
different  materials,  it  has  been  shown  that  the  apparent  absorption  coef¬ 
ficient  approaches  a  limiting  value  as  the  area  of  the  test  sample  is  in¬ 
creased  indefinitely.  Consequently,  the  sound  absorption  coefficients  for 
surface  materials  obtained  at  the  National  Bureau  of  Standards  are  always 
reported  after  they  have  been  corrected  to  what  their  calculated  values  would 
be  for  samples  of  infinite  area.  Such  corrections  cannot  be  applied  to 
acoustic  structures  like  space  absorbers  and  irregularly  shaped  baffles,  and 
the  results  in  these  cases  are  reported  in  terms  of  the  number  of  units  of 
sound  absorbing  power  actually  measured  for  the  particular  number  and  ar¬ 
rangement  of  the  baffles  used  in  the  sound  absorption  tests. 

Frequencies  at  which  Absorption  Coefficients  are  Measured: 

Sound  absorption  coefficients  are  measured  at  125,  250,  500,  1000,  2000, 
and  4000  cycles  per  second  and  are  reported  to  the  nearest  0.01.  The  noise 
reduction  coefficient  is  the  average  to  the  nearest  multiple  of  0.05  of  the 
coefficients  for  250,  500,  1000,  and  2000  cps. 

Test  Sample: 

(a)  Types  of  material:  All  types  of  material  can  be  tested  by  this 
method,  including  acoustic  structures  such  as  space  absorbers, 
suspended  panels  and  irregularly  shaped  baffles. 

(b)  Si  ze  and  Placement:  In  general,  the  test  sample  measures  72  square 
feet  in  area  and  8'  x  9'  in  plan.  The  sample  is  usually  positioned 
centrally  on  the  floor  in  one  half  of  the  reverberation  chamber, 
with  no  part  of  the  sample  closer  than  4  feet  from  reflecting 
surfaces,  other  than  the  floor. 

(c)  Mounting:  The  test  sample  is  mounted  in  a  manner  closely  simu¬ 
lating  an  actual  installation.  Some  of  the  conventional  types  of 
mounting  are  listed  on  the  last  page  of  this  pamphlet. 

Accuracy  of  Test: 

A  statistical  analysis  of  the  accuracy  of  the  sound  absorption  coef¬ 
ficient  measurements,  based  on  10  different  samples,  indicated  that  the 
standard  deviation  is  approximately  0.03  at  125  and  4000  cps,  and  0.02  at 
the  other  frequencies. 
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Types  of  Mounting: 


1.  Cemented  to  gypsum  wall-board.  This  is  considered  equivalent  to 
cementing  to  plaster  or  masonry. 

2.  Nailed  on  13/16"  x  2"  furring,  12"  o.c.,  unless  otherwise  indicated 

3.  Metal  supports  attached  to  13/16"  x  2"  wood  furring. 

4.  Laid  directly  on  laboratory  floor. 

5.  Nailed  on  2  x  4's,  12"  o.c.,  unless  otherwise  indicated. 

6.  Attached  to  metal  suspension  system,  3^"  airspace  (nominal  4") 
back  of  tile,  unless  otherwise  indicated. 

7.  Acoustic  tile  nailed  to  13/16"  x  2"  furring,  18"  o.c.,  space  be¬ 
tween  furring  filled  with  mineral  wool. 

8.  Nailed  on  2  x  8's,  12"  o.c.,  unless  otherwise  indicated. 

9.  Laid  on  24  gauge  sheet  iron,  nailed  to  13/16"  x  2"  furring,  24"  o.c 

10.  Laid  on  2  x  6's,  24"  o.c.,  unless  otherwise  indicated. 
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Measurement  of  Correlation  Coefficients  in  Reverberant  Sound  Fields 

Richard  K.  Cook,  R.  V.  Waterhouse,  R.  D.  Berendt,  Seymour  Edelman,  and  M.  C.  Thompson,  Jr. 

National  Bureau  of  Standards,  Washington,  D.  C. 

(Received  July  21,  1955) 

Reverberation  chambers  used  for  acoustical  measurements  should  have  completely  random  sound  fields. 
We  denote  by  R  the  cross-correlation  coefficient  for  the  sound  pressures  at  two  points  a  distance  r  apart. 
R=  (pipi)to/ ((^i2)av(^22)av)*,  where  pi  is  the  sound  pressure  at  one  point,  p-i  that  at  the  other,  and  the  angular 
brackets  denote  long  time  averages.  In  a  random  sound  field,  R=  (sin kr)/kr,  where  k  =  2 x/ (the  wavelength 
of  the  sound).  An  instrument  for  measuring  and  recording  R  as  a  function  of  time  is  described.  A  feature  of 
this  instrument  is  the  use  of  a  recorder’s  servomechanism  to  measure  the  ratio  of  two  dc  voltages.  The 
results  of  correlation  measurements  in  reverberant  sound  fields  are  given. 


I.  INTRODUCTION 

EVERBERATION  rooms,  in  which  random  sound 
fields  can  be  established,  are  important  tools  in 
applied  acoustics.  Such  rooms  have  long  been  used  for 
measurement  of  the  sound  absorption  coefficients  of 
acoustical  materials,  and  are  useful  also  for  determining 
the  total  output  of  sound  radiators,  the  directivity 
index  of  microphones,  and  the  sound  transmission 
loss  of  building  structures. 

Two  outstanding  problems  in  applied  acoustics  are 
the  production  of  random  sound  fields  in  reverberation 
rooms  and  the  determination  of  whether  or  not  a  given 
sound  field,  once  established,  is  random.  We  define  a 
completely  random  sound  field  to  be  such  that  at  every 
point  within  the  field,  plane  waves  near  a  particular 
frequency,  having  the  same  average  intensity  for  all 
directions  and  phases,  will  have  passed  by  after  a 
sufficiently  long  time. 

In  this  paper  we  shall  consider  a  cross-correlation 


coefficient,  R,  for  the  sound  pressures  at  two  different 
points  in  a  sound  field,  and  we  shall  give  a  simple 
theoretical  demonstration  of  how  R  varies  with  wave 
number  &(=27r/the  wavelength)  and  the  distance  r 
between  the  points  in  a  random  sound  field.  Conversely, 
the  measured  variation  of  R  as  a  function  of  k  and  r  in  a 
reverberation  room  is  a  useful  criterion  for  helping  to 
determine  whether  or  not  a  random  sound  field  is 
present.  On  this  account  an  instrument  was  developed 
for  measuring  and  recording  correlation  coefficients  as 
a  function  of  time.  A  novel  feature  of  this  instrument 
is  the  use  of  a  recorder’s  servomechanism  to  measure 
the  ratio  of  two  dc  voltages. 

Hershman1  suggests  that  the  cross-correlation  coeffi¬ 
cient  defines  the  acoustic  quality  of  a  closed  room  more 
completely  than  the  reverberation  time  does.  Instru¬ 
ments  have  been  devised  for  measuring  correlation 
coefficients  for  various  other  physical  phenomena. 

1  S.  G.  Hershman,  Zhur.  Tekh.  Fiz.  21,  1492  (1951). 
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Dryden2  and  his  collaborators  describe  a  system  for 
measuring  cross-correlation  coefficients  between  velocity 
fluctuations  at  two  points  in  a  turbulent  air  stream. 
Brooks  and  Smith3  constructed  a  recording  correlation 
meter,  for  studying  the  propagation  of  radio  waves, 
which  utilizes  data  recorded  on  magnetic  tapes. 
Seiwell4  has  devised  a  mechanical  correlator  which 
makes  use  of  data  recorded  on  paper  tapes. 

II.  CORRELATION  COEFFICIENTS  FOR 
REVERBERANT  SOUND  FIELDS 


We  define  the  correlation  coefficient  between  the 
sound  pressures  at  two  points  A  and  B  in  a  sound 
field  as 


R—  {plpi)ki/  (</>12)av(^22)av)%  (1) 


where  p\(l)  and  p2{t)  are  the  respective  instantaneous 
sound  pressures  at  time  /  at  the  two  points,  and  the 
angular  brackets  denote  long  time  average.  Thus 


T 

{pipi)to  =  (l/T)  r  pi{t)pz(t)dt, 

■'o 

and 

T  r  T  T  -\  \ 

R=J0  pmdt f 


It  will  be  interesting  to  point  out  a  few  simple  proper¬ 
ties  of  R.  Schwarz’s  inequality  shows  that  — 

If  pi(t )  and  p2(t)  are  both  sinusoidal  of  the  same  fre¬ 
quency,  but  differ  in  phase  by  0,  so  that  pi=A  coso >t, 
pi—B  cos(c 0/— 0),  then  R  =  cos(f>.  Suppose  a  plane  wave 
of  wavelength  A  passes  over  the  points  A  and  B  and 
let  d  be  the  angle  between  the  normal  to  the  wave 
fronts  and  the  line  AB  (see  Fig.  1).  If  k  =  2ir/\  and 
r= distance  between  A  and  B,  then 


R=  cos {kr  cos??).  (2) 

The  value  of  R  for  a  random  sound  field  can  now  be 
easily  obtained  from  Eq.  (2).  Our  definition  of  such  a 
field  assigns  equal  weights  to  all  directions  of  the  in¬ 
cident  sound,  and  so  the  correlation  coefficient  is  the 
average  of  Eq.  (2)  for  all  directions.  This  average  is 


R= 


cos  (kr  cos??)  sim?d0efi?/47r 


=  {sinkr)/kr, 


(3) 


Fig.  1.  Correlation  in 
a  plane  wave. 


DIRECTION  OF 
INCIDENT  PLANE 
WAVE 


_ 


p=e'(wt-kr  cos#) 


p=ei<ut 


2  Dryden,  Schubauer,  Mock,  and  Skramstad,  National  Ad¬ 
visory  Committee  for  Aeronautics  Report  No.  581  (1937). 

3  F.  E.  Brooks  and  H.  W.  Smith,  Electrical  Engineering  Re¬ 
search  Laboratory,  University  of  Texas,  Report  No.  50  (May  1, 

4  H.  R.  Seiwell,  Rev.  Sci.  Instr.  21,  481  (1950). 


Fig.  2.  Block  diagram  of  recording  correlation  meter. 


which  is  the  cross-correlation  coefficient  for  the  sound 
pressure  at  two  points,  distance  r  apart,  in  a  random 
sound  field  of  wave  number  k. 

If  the  sound  field  has  a  band  of  frequencies,  all  of 
equal  weights,  extending  from  ki  to  k2,  then  the  correla¬ 
tion  coefficient  for  the  two  points  is 

XklT 

sinudu/  u(k2r—  k\  r) 

IT 

=  (sin&r)/&r-t-terms  of  the  order  of  [(&2—  k/j/k]2,  (4) 
where  k=  (&i+&2)/2. 

We  can  imagine  a  sound  field  to  be  random  in  two 
dimensions,  so  that  the  normals  to  the  wave  fronts  all 
lie  in  the  same  plane,  and  all  directions  in  the  plane 
have  equal  weights.  For  such  a  field 

cos(kr  cosd)dd/2ir 
0 

—  J  o(kr),  (5) 

where  Jo  is  the  Bessel  function  of  zero  order. 

The  departure  of  any  particular  sound  field  from  the 
three-dimensional  random  condition,  as  we  have  defined 
it,  is  shown  by  the  departure  of  the  measured  variation 
of  R  as  a  function  of  k  and  r  from  the  variation  expressed 
in  Eq.  (3)  and  shown  as  the  solid  curves  in  Figs.  7,  8, 
and  9.  The  effect  of  such  a  departure  from  randomness 
in  two  particular  cases  can  be  seen  by  comparing  Eq.  (3) 
with  Eq.  (2)  for  plane  waves  and  with  Eq.  (5)  for  a 
sound  field  random  in  only  two  dimensions.  Equation 
(5)  is  plotted  as  the  dotted  curve  in  Fig.  9. 

in.  DESCRIPTION  OF  APPARATUS 

One  method  of  finding  R,  as  defined  in  Eq.  (1),  is  to 
measure  separately  (( pi+pi )%,  (/>i2)av,  and  {pi) Av. 
Then, 

R=  [((/>1+/>2)2)av—  {pi)  Av  {pi) to]/ 

2{{pi)to{pi)to)'.  (6) 

This  method  was  applied  in  some  preliminary  experi- 
mep(s  with  a  single-channel  amplifier  system  con,- 
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Fig.  3.  Use  of  self-balancing  recorder  as  a  ratio  meter. 


sisting  of  a  linear  amplifier,  a  square-law  (thermojunc¬ 
tion)  rectifier,  and  a  galvanometer.  Two  moving-coil 
microphones,  having  approximately  the  same  responses, 
were  placed  in  the  random  sound  field  of  the  15  000 
cu  ft  reverberation  room  of  the  National  Bureau  of 
Standards.  The  galvanometer  reading  for  ((pi~\~ p2)2) av 
at  the  desired  frequency  was  got  by  connecting  the  two 
microphones  in  series  with  the  amplifier  system,  and 
observing  the  galvanometer  reading,  g((pi~\~ p/)2) av,  for 
a  few  minutes.  The  gain  g  is  the  constant  ratio  between 
the  galvanometer  reading  and  the  time-averaged  square 
of  the  sound  pressure.  Likewise  observed  for  a :  few 
minutes  were  g(pi2)^  and  g(p22) a*.  The  values  of  R  were 
then  computed  by  means  of  Eq.  (6). 

The  observations  on  ( p i2)Av  etc.,  had  to  be  made  con¬ 
secutively  since  only  one  channel  was  available.  This 
required  (a)  that  g  remain  constant  with  time,  and  (b) 
that  the  acoustic  output  of  the  loudspeaker  sources 
remain  fixed.  It  was  not  difficult  to  keep  constant  the 
gain  g  of  the  microphone  and  amplifier  system,  but 
variations  in  the  output  of  the  loudspeaker  system 
occasionally  caused  substantial  errors  in  R.  What  was 
needed  was  a  microphone-amplifier-computer  system 
which  would  yield  R  immediately  and  record  it  as  a 
function  of  time. 

Such  a  system  can  be  constructed  from  two  channels, 
one  yielding  S=  ((pi-\- p-i)2)  and  the  other  yielding 
D=  ((pi—  pt)2)^-  Consider 

R=(l-D/S)/(l+D/S)=(S-D)/(S+D) 

=  2(plp2)to/  ( (p l2) Av- F"  (/>22)av)-  (7) 

If  (pi2)  —  (pi1)^,  then  Eq.  (7)  is  the  same  as  Eq.  (1). 
Even  if  (pi2)n,  and  (pi)^  differ  by  as  much  as  40% 
(1.5  db)  so  that  (p-r)^~  1.4(/>i2)Av,  the  difference  be¬ 
tween  values  of  the  correlation  coefficient  deduced  from 
Eqs.  (1)  and  (7)  will  not  exceed  about  one  percent  of  R. 
A  meter  which  indicates  directly  the  ratio  of  two  elec¬ 
tric  currents  applied  to  it,  can  be  used  to  indicate  the 
ratio  D/S  which  appears  in  Eq.  (7).  The  scale  of  the 
ratio  meter  can  be  regraduated  so  as  to  read  directly 
the  values  of  R  corresponding  to  various  ratios.  The 
possibility  of  using  a  commercially  available  electrical 
ratio  meter  was  considered  first,  but  it  was  finally 
decided  to  use  the  scheme  described  by  Nier  et  al.p  in 

5  Nier,  Ney,  and  Inghram,  Rev.  Sci.  Instr.  18,  294  (1947). 


which  a  recording  potentiometer  is  modified  so  as  to 
indicate  the  ratio  of  two  voltages.  A  block  diagram  of 
the  apparatus  (Fig.  2)  shows  how  this  was  accomplished. 

Pressure  microphones  (Western  Electric  type  No. 
633A)  were  used  to  pick  up  the  sound  signals  at  the  two 
points  A  and  B  in  the  reverberation  room,  and  two 
microphones  were  chosen  whose  outputs  differed  as 
little  as  possible  in  phase  and  amplitude.  Even  so,  the 
microphone  outputs  differed  in  phase  up  to  20°  at  the 
higher  frequencies  and  an  adjustable  RC  circuit  was 
used  to  balance  out  this  difference. 

The  signals  pi  and  p2  were  then  passed  through  a 
step-up  transformer  into  a  bridge  circuit  which  gave 
outputs  (pi  — p/)  and  (pi+p/)-  The  principle  of  this 
bridge  is  shown  in  Fig.  2.  The  arms  of  the  bridge  were 
of  equal  impedance,  and  the  output  signals  appeared 
across  the  resistors  PQ  and  SQ,  which  were  the  grid 
resistors  of  amplifiers.  The  amplifiers  were  of  conven¬ 
tional  audio-frequency  design,  having  variable  gain 
up  to  60  db.  The  output  stages  were  transformer 
coupled  to  thermojunctions  which  performed  a  squaring 
operation. 

The  thermojunctions  were  capable  of  giving  an  out¬ 
put  voltage  of  50  mv,  but  outputs  of  less  than  5  mv  were 
used  in  order  to  obtain  an  accurate  square-law  charac¬ 
teristic.  The  time  constant  of  each  thermojunction  was 
approximately  0.75  second,  and  this  gave  an  averaging 
effect  by  minimizing  fluctuations  of  a  shorter  time 
constant. 

Having  thus  obtained  signals  ((pi—p2)2)^  and 
((/>i+ p/)2)^,  their  ratio  was  recorded  by  a  modified 
Honeywell-Brown  potentiometer.  Such  instruments 
usually  measure  the  ratio  of  the  unknown  voltage  to  a 
known  voltage  obtained  from  a  standard  cell.  For  the 
purpose  of  these  measurements  the  standard  cell  was 
disconnected  (see  the  article  by  Nier  el  alA)  and  the 
signal  ((/>i+  pi)2)nv  substituted  in  its  place,  so  that  on 
leading  in  the  ((pi— p/)2)h  signal  as  the  unknown  volt- 


Fig.  4.  Recordings  of  variations  in  correlation  coefficient  R 
with  time.  Microphones  a  fixed  distance  apart  in  a  15  000  cu  ft 
reverberation  chamber.  Sound  frequency  2000  cps,  with  ±10% 
warble  7  times/sec.  Vanes  rotating,  with  a  12  second  period  of 
rotation. 


848/1074 


CORRELATION  COEFFICIENTS  IN  REVERBERANT  SOUND 


age  the  required  ratio  p  was  recorded  (see  Fig.  3).  A 
scale  was  made  for  the  instrument  so  that  the  correla¬ 
tion  coefficient  R  —  (1  —  p)/ (1+p)  would  be  read  directly 
from  the  recorder  chart.  In  the  case  of  negative  correla¬ 
tion  coefficients,  where  ((pi  —  />2)2)av>  ((pi+p2)2)^,  a 
switch  was  used  to  interchange  the  signals  entering 
the  potentiometer. 

IV.  RESULTS  OF  MEASUREMENTS 

The  apparatus  described  in  Sec.  Ill  was  used  to 
measure  correlation  coefficients  in  the  15  000  cu  ft 
reverberation  chamber  at  the  National  Bureau  of 
Standards,  in  order  to  compare  them  with  the  coeffi¬ 
cients  predicted  theoretically  in  Eqs.  (3)  and  (4)  for  a 
random  sound  field.  The  room,  and  the  measures  taken 
to  diffuse  sound  in  it,  have  been  described  elsewhere.6 
In  brief,  diffusion  is  achieved  by  frequency  modulation 
of  the  audio  signal  and  by  use  of  large  rotating  vanes  on 
which  two  loudspeakers  are  mounted. 

Sound  was  produced  in  the  room  by  two  loudspeakers 


Fig.  5.  Same  as  Fig.  4,  except  vanes  stationary. 

which  were  fed  by  a  power  amplifier  preceded  by  a 
beat-frequency  oscillator  with  a  warbling  device.  The 
loudspeakers  were  driven  with  approximately  25  watts 
electrical  power,  which  gave  a  convenient  pressure 
level  in  the  room.  Theory  indicated  that  the  sound- 
pressure  level  should  not  affect  the  randomness  of  the 
sound  field  and  the  values  of  the  correlation  coefficients, 
and  this  was  confirmed  experimentally. 

The  microphones  were  suspended  from  a  wire  in  the 
room,  one  being  kept  immobile  in  one  position  while 
the  other  was  displaced  from  it  a  measured  horizontal 
distance  r  along  the  wire.  The  two  microphones  were 
located  about  five  feet  above  the  floor,  and  the  line 
joining  them  was  in  the  north-south  direction  (parallel 
to  the  25-ft  wall).  The  correlation  coefficient  R  was 
recorded  for  various  values  of  r  at  each  of  three  fre¬ 
quencies  and  R  was  plotted  against  kr,  k  being  the  wave 
number  corresponding  to  the  center  frequency  of  the 
warbled  band. 

6  L.  L.  Beranek,  Acoustic  Measurements  (John  Wiley  and  Sons, 
Inc.,  New  York  1949),  p.  864. 


Fig.  6.  Same  as  Fig.  4,  except  no  warble. 

At  all  settings  of  the  microphones  the  records  of  R 
showed  considerable  fluctuations  with  time,  a  typical 
example  being  shown  in  Fig.  4.  The  most  noticeable 
part  of  the  fluctuation  is  periodic,  the  period  of  12 
seconds  coinciding  with  the  period  of  rotation  of  the 
vanes.  This  period  corresponds  to  alternate  peaks  in 
the  curve.  The  two  sheet  metal  leaves  of  the  vanes  are 
symmetrically  located  relative  to  the  axis  of  rotation, 
which  suggests  that  the  period  of  the  recording  in  R 
should  be  six  seconds.  However,  the  two  loudspeakers, 
one  on  each  leaf  of  the  vanes,  might  produce  sound 
fields  sufficiently  different  in  amplitude  and/or  phase 
to  account  for  the  12-second  period.  The  details  of  the 
way  in  which  the  vane  rotation  causes  periodicity  in  R 
is  not  known. 

Figure  5  shows  the  lack  of  periodicity  in  the  fluctua¬ 
tions  of  R  when  the  vanes  were  not  rotating,  and  Fig.  6 
shows  the  increased  variation  in  R  when  the  warble 
was  not  used.  These  two  records  demonstrate  the  value 
of  the  warble  and  the  rotating  vanes  in  improving  the 
randomness  of  the  sound  field  in  the  reverberation 
chamber. 

The  fluctuations  made  it  necessary  to  take  records 
of  sufficient  length  to  ensure  a  reliable  mean  value  for  R. 


kr  =  k(0-o) 


Fig.  7.  Correlation  coefficient  R  vs  distance.  Random  sound 
field  at  250  cpsd=10%  warble,  vanes  rotating.  0  =  measured  R. 
Solid  curve  =  (sin kr)/kr. 
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Kr  ■  k(O-o) 

Fig.  8.  Correlation  coefficient  R  vs  distance.  Same  as 
Fig.  7,  except  frequency  =  1000  cps. 

This  mean  value  was  estimated  from  the  record  as  the 
value  given  by  the  straight  line  having  equal  areas  of 
the  R  curve  on  either  side  of  it.  In  the  graphs  (see 
Figs.  7-9)  each  value  of  R  is  plotted  as  a  line  whose 
length  shows  the  amplitude  of  the  fluctuation,  with  a 
circle  on  the  line  showing  the  mean  value. 

The  fluctuations  of  R  with  time  are  of  considerable 
interest  in  connection  with  the  use  of  the  reverberation 
chamber  for  measurement  of  sound  power  and  sound 
absorption.  They  indicate  that  the  sound  pressures 
should  be  averaged  over  a  time  period  of  the  order  of 
at  least  12  seconds  in  any  measurements  which  depend 
on  having  a  random  sound  field. 

Correlation  Coefficient  Curves 

Figures  7,  8,  and  9  show  the  curves  obtained  in  the 
National  Bureau  of  Standards  reverberation  chamber 
at  250  cps,  1000  cps,  and  2000  cps.  The  curves  at  250  cps 
and  1000  cps  are  in  good  agreement  with  the  theoretical 
curves  for  a  random  sound  field,  and  the  small  diver¬ 
gencies  that  exist  are  within  the  limits  of  experimental 
error.  This  indicates  that  at  these  frequencies  the 
sound  field  in  the  reverberation  room  approaches 
perfect  randomness. 


Fig.  9.  Correlation  coefficient  R  vs  distance.  Same  as  Fig.  7, 
except  frequency  =  2000  cps.  Dotted  curve = -To  (£r). 


At  2000  cps,  the  experimental  points  lie  on  a  curve 
located  between  the  curves  derived  for  a  random  field 
and  for  a  field  in  which  only  vibrations  in  a  horizontal 
plane  take  place.  This  may  mean  that  at  this 
higher  frequency,  horizontal  vibrations  in  the  room 
predominate  over  vibrations  in  other  planes  giving  a 
sound  field  that  is  not  perfectly  random.  A  partial 
explanation  may  lie  in  the  approximate  nature  of  the 
diffraction  correction  (see  following). 

The  similarity  of  the  two  theoretical  curves  for  a 
random  field  and  a  field  in  which  only  vibrations  in  a 
horizontal  plane  occur  shows  that  large  departures  from 
randomness  may  cause  relatively  small  changes  in 
correlation  coefficients  and  thus  that  measurements 
over  a  carefully  chosen  network  of  lines  are  necessary 
in  assessing  the  randomness  of  sound  fields  from  correla¬ 
tion  coefficients. 

The  aforementioned  measurements  were  made  by 
moving  the  microphones  along  a  horizontal  line  in  the 
room.  Similar  results  were  obtained  when  the  micro¬ 
phones  were  moved  in  other  directions. 

Diffraction  Correction 

In  the  graphs  of  the  correlation  coefficients  shown  in 
Figs.  7-9,  a  correction  was  made  to  D,  the  distance 

SPHERICAL  INCIDENT  SOUND 


Fig.  10.  Allowance  for  sound-wave  scattering  by 
microphones  during  correlation  measurements. 


between  the  front  faces  of  the  microphones,  to  allow  for 
diffraction.  This  correction  was  derived  as  follows. 

Figure  10  shows  sound  incident  at  an  angle  $  on  a 
microphone,  assumed  to  be  spherical.  In  the  absence 
of  the  sphere,  in  air,  if  the  wave  at  p0  is  eiwt,  the  wave 
at  pi  is  exp[z(w/— ka  cos#)]~  (1  —  ika  cos&)eiwt,  since 
&a<3Cl.  With  the  sphere  in  place,  the  wave  at  p\  becomes 
approximately  [1—  (3/2)ika  cos#]eia,<.  Thus,  the  sphere 
retards  the  phase  of  the  wave  at  its  perimeter  by 
(1/2 )ka  cos??,  owing  to  its  diffracting  effect.  To  correct 
this,  we  measure  distances  from  a  point  a/2  in  front  of 
each  sphere,  instead  of  at  the  surface  of  each  sphere. 

Since  R  =  (sinkD)fkD  for  air,  then  R  =  smk(D—  a)/ 
k(D—a)  for  solid  spheres  of  radius  a  in  air. 

Western  Electric  type  633A  microphones  were  used 
in  these  measurements.  These  are  roughly  cylindrical 
in  shape,  three  and  one-half  inches  long,  and  of  circular 
cross  section,  the  radius  being  one  inch.  The  afore¬ 
mentioned  diffraction  correction  was  used  as  being  the 
best  available,  taking  for  a  the  radius  of  the  micro¬ 
phone’s  circular  cross  section. 
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V.  CONCLUSIONS 

Correlation  coefficients  measured  in  a  reverberation 
room  agreed  closely  with  the  results  predicted  theoreti¬ 
cally  for  a  random  sound  field.  It  was  demonstrated  that 
this  agreement  was  not  obtained  if  either  the  warble 
tone  or  the  rotation  of  the  vanes  was  absent.  Also,  the 
agreement  relied  on  averaging  the  sound  field  condi¬ 
tions  over  a  sufficiently  long  time,  which  was  found  to 
be  at  least  12  seconds,  the  time  of  one  complete  rotation 
of  the  vanes. 

The  requirement  that  R—  (sin kr)/kr  in  a  random 


sound  field  is  a  necessary  condition  for  such  a  field,  but 
sufficient  conditions  are  not  yet  available.  We  surmise 
that  if  the  (sin kr)/kr  condition  is  fulfilled  when  meas¬ 
urements  are  made  along  three  mutually  perpendicular 
directions,  then  the  sound  field  will  be  random. 

A  practical  question  is,  how  can  a  sound  field  be  made 
random  if  the  (sin kr)/kr  condition  is  not  satisfied?  For 
our  15  000  cu  ft  reverberation  chamber,  the  experiments 
suggest  that  our  rotating  vanes  ensure  a  random 
field,  at  least  for  frequencies  between  250  and  2000  cps. 
Theoretical  justification  for  the  use  of  rotating  vanes  is 
not  yet  available. 
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A  general  description  is  given  of  the  procedure  developed  at  the  National  Bureau  of  Standards  for  cali¬ 
brating  audiometers.  The  sources  of  calibration  standards  are  presented,  and  there  is  a  discussion  of  the 
physics  underlying  the  present  technique.  Limitations  on  the  validity  of  the  threshold  data  are  pointed  out.  A 
method  for  determining  the  calibration  of  audiometer  earphones  is  described.  Data  on  earphone  response  can 
be  used  to  gain  some  insight  into  the  malfunctioning  of  an  audiometer,  and  the  way  in  which  this  can  be  done 
is  indicated. 


INTRODUCTION 

N  audiometer  is  used  to  measure  auditory  thresh¬ 
old.  The  most  widely  used  type  of  audiometer  is 
an  electronic  instrument  which  generates  pure  tones  of 
controllable  intensity  and  frequency  in  an  earphone 

*  Formerly  of  the  Sound  Section,  now  with  the  Microwave 
Standards  Section  of  the  National  Bureau  of  Standards. 


(receiver).  The  setting  of  the  intensity  control  when  the 
tone  is  just  audible  to  the  person  being  tested  is  a 
measure  of  that  person’s  hearing  threshold.  Whether  the 
threshold  is  normal  or  not,  however,  can  be  decided  only 
if  the  audiometer  is  calibrated  in  terms  of  the  sound 
pressure  at  auditory  threshold  for  people  with  normal, 
unimpaired  hearing.  The  hearing  loss  of  a  person’s  ear 
is  the  ratio  (expressed  in  decibels)  of  the  sound  pressure 
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at  the  threshold  of  audibility  for  that  ear  to  the  normal 
threshold  pressure. 

The  following  account  is  intended  to  describe  a 
technique  for  calibrating  audiometers,  developed  in 
large  part  at  the  National  Bureau  of  Standards  for  the 
use  of  persons  who  manufacture  or  test  these  instru¬ 
ments.  The  procedure  is  embodied  in  the  provisions  of  a 
proposed  American  Standard  Specification,1  developed 
by  the  American  Standards  Association  and  the  Na¬ 
tional  Bureau  of  Standards  in  a  joint  program. 

THRESHOLD  STANDARDS 

Calibration  of  an  audiometer  is  fundamentally  the 
determination  of  the  sound  pressure  produced  by  the 
earphone  of  the  audiometer  when  it  is  placed  on  a 
standard  coupler.  The  coupler  consists  of  a  heavy  brass 
shell,  enclosing  a  specified  volume  of  air  in  an  enclosure 
of  simple  geometric  design.  The  earphone  is  placed  over 
an  opening  in  the  coupler,  and  the  sound  pressures  which 
it  produces  in  the  air  volume  are  measured  by  means  of  a 
pressure-sensitive  microphone.  A  diagram  of  Coupler 
No.  9A,  designed  at  the  National  Bureau  of  Standards, 
is  shown  in  Fig.  1.  The  volume  of  air  within  the  coupler 
is  about  5.7  cc,  or  approximately  the  volume  within  an 
average  ear  canal  when  an  earphone  is  placed  over  the 
ear.  The  sound  pressure  in  the  coupler  is  measured  with 


a  calibrated  condenser  microphone.  As  shown,  the 
coupler  accommodates  a  Western  Electric  Type  640A  or 
640AA  microphone;  other  condenser  microphones  may 
be  used  if  they  are  of  the  same  or  smaller  size  and  the 
coupler  is  modified  so  that  it  still  encloses  the  same  air 
volume. 

The  threshold  voltage  of  an  earphone  at  any  fre¬ 
quency  is  the  voltage  which  must  be  applied  across  its 
terminals  to  produce  a  sound  pressure  that  is  the 
threshold  value  for  normal  hearing  at  that  particular 
frequency.  The  values  in  most  common  use  in  this 
country  were  determined  by  loudness-balancing  from 
the  data  obtained  during  the  National  Health  Survey  of 
1935-36.2  From  these  data,  the  threshold  voltages  were 
determined  for  certain  earphones  (Western  Electric  Type 
705A)  kept  at  the  Bureau.  Because  aging  of  the  ear¬ 
phones  might  change  the  threshold  voltages,  the  pres¬ 
sures  produced  in  Coupler  No.  9A  by  the  audiometer 
earphones  when  threshold  voltages  were  applied  at  their 
terminals  were  determined  soon  after  completion  of  the 
survey.  These  pressures  became  the  threshold  standard 
for  that  particular  type  of  receiver.  They  are  inde¬ 
pendent  of  changes  in  response  of  the  receivers. 

The  standard  coupler  pressures  are  not  equal  to  the 
threshold  pressures  in  the  ear  canal  because  the  coupler 
does  not  present  to  the  earphone  an  acoustic  load 
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Fig.  1.  N.  B.  S.  Coupler 
No.  9A  for  calibration  of 
audiometer  receivers  by 
means  of  Western  Electric 
Types  640A  or  640AA  con¬ 
denser  microphones.  The 
face  of  the  receiver  being 
calibrated  rests  on  the  upper 
edge  with  a  coupling  force 
equal  to  the  weight  of  the 
receiver  plus  400  g.  The 
diaphragm  of  the  micro¬ 
phone  is  located  0.528  in. 
(1.34  cm)  below  the  upper 
edge  of  the  cavity.  The 
entire  assembly  is  designed 
for  use  with  a  condenser 
microphone  amplifier.  (Vol- 
ume=5.7  cc.) 


1  American  Standard  Specification  for  Audiometers  for  General  Diagnostic  Purposes.  Copies  may  be  obtained  from  the  American 
Standards  Association,  70  East  45th  Street,  New  York  17,  New  York. 

2  Reports  of  the  National  Health  Survey,  Hearing  Study  Series,  Bulletin  No.  5  (1935-36). 
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identical  with  that  of  the  ear  canal.  Consequently, 
although  the  threshold  pressures  in  the  ear  canal  are 
presumably  the  same  for  all  earphones,  there  is  no 
reason  to  expect  the  standard  coupler  pressures  to  be 
identical  for  all  types  of  earphones.  A  comparison  is 
shown  in  Fig.  2.  It  was,  of  course,  known  from  the  be¬ 
ginning  that  the  coupler  did  not  duplicate  the  acoustic 
impedance  of  the  ear.  The  ear  presents  additional 
loading  due  to  compliance  of  flesh,  and  leakage  of  sound 
between  the  ear  and  the  cap  of  the  earphone,  which  are 
not  provided  by  the  coupler.  It  is  this  fact  that  makes  it 
necessary  to  undertake  the  task  of  loudness-balancing  to 
establish  threshold  coupler  pressures  for  each  new  type 
of  receiver.  Until  a  coupler  can  be  developed  which 
presents  a  better  replica  of  the  ear’s  impedance  over  a 
wide  frequency  range,  the  alternative  to  loudness  bal¬ 
ancing  is  to  make  a  complete  threshold  determination 
for  each  new  type.  If  the  acoustic  load  with  which  a 
human  ear  terminates  the  earphone  were  duplicated  by 
the  coupler,  the  standard  threshold  pressures  would  be 
identical  with  those  in  the  average  ear  canal  at  thresh¬ 
old,  and  would  be  the  same  for  all  earphones  designed  to 
cover  the  ear. 

Loudness  balancing  to  establish  standard  threshold 
rests  upon  the  premise  that  coupler  standard  threshold 
pressures  are  the  same  for  all  earphones  of  the  same 
type.  To  determine  standard  coupler  pressures  for 
earphones  of  a  new  type,  at  least  six  subjects  (12  ears) 
having  approximately  normal  hearing  make  measure¬ 
ments  of  the  voltages  applied  at  the  terminals  of  the 
new  earphone  and  the  standard  earphone  which  will 
produce  equally  loud  sounds  at  sound  levels  about  20  db 
above  threshold.  By  combining  these  data  with  the 
measurement  of  the  responses  of  the  earphones  when 
placed  on  Coupler  No.  9A,  the  standard  coupler  thresh¬ 
old  pressures  at  various  frequencies  for  the  new  earphone 
may  be  found. 

Standard  threshold  coupler  pressures  have  now  been 
determined  for  a  number  of  different  commercially 
available  audiometer  earphones.  These  values  may  be 
obtained  from  the  Bureau  by  written  request  if  they  are 
needed  by  a  testing  laboratory.  The  threshold  figures 
were  originally  determined  for  the  octaves  of  128  c/sec. 
Recently  a  change  has  been  suggested  in  frequency 
standards  for  audiometer  tests,  from  octaves  of  128 
c/sec.  to  octaves  of  125  c/sec.  This  change  is  incorpo¬ 
rated  in  the  new  American  Medical  Association  and 
American  Standards  Association  specifications.  How¬ 
ever,  the  National  Health  Survey  measurements  were 
made  at  octaves  of  128  c/sec.  The  threshold  pressures 
for  128  c/sec.  octaves  have  been  extrapolated  to  the  new 
125  c/sec.  base  by  use  of  the  minimum  audible  sound 
pressure  curve  determined  by  L.  J.  Sivian  and  S.  D. 
White  of  Bell  Laboratories.3  At  the  present  time,  a 
project  is  under  way  at  one  of  the  sound  laboratories  in 
this  country  which  will  result  in  a  direct  determination 

3  L.  J.  Sivian  and  S.  D.  White,  J.  Acous.  Soc.  Am.  4,  288-321 
(1933). 
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Fig.  2.  Comparison  of  coupler  pressures,  corresponding  to 
normal  threshold  for  several  types  of  commercial  earphones,  and 
the  minimum  audible  pressure  determination  by  Sivian  and  W'kite. 
The  form  of  the  coupler  pressure  curve,  derived  from  National 
Health  Survey  data,  is  in  general  agreement  with  the  minimum 
audible  pressure  curve.  Even  if  the  coupler  were  to  be  a  better 
replica  of  the  ear,  a  difference  of  at  least  5  db  from  the  Sivian  and 
White  data  is  to  be  expected.  The  Sivian  and  White  measurements 
were  made  with  trained  observers,  and  represent  minimum  rather 
than  normal  threshold. 

of  the  auditory  threshold  pressures  for  125  c/sec. 
octaves.  Pending  completion  of  that  work,  the  ex¬ 
trapolated  data  are  being  used. 

In  Table  I,  standard  threshold  pressures  in  Coupler 
No.  9A  are  given  for  the  Western  Electric  Type  705A 
earphone.  Data  for  other  types  of  earphones  may  be 
obtained  by  loudness-balancing  against  a  Type  705A 
earphone  or  against  other  types  for  which  standard 
threshold  data  are  available.  However,  it  might  be  well 
to  consider  that  standard  threshold  data  for  receiver 
types  other  than  the  WE  Type  705A  were  determined  by 
a  loudness-balance  technique,  and  their  use  as  com¬ 
parison  standards  for  loudness-balance  implies  an  in¬ 
crease  in  the  experimental  uncertainty. 

SOUND  PRESSURE  MEASUREMENT 

To  check  the  sound  pressure  output  of  the  audiometer 
against  standard  threshold  pressures,  the  sound  pressure 
produced  in  Coupler  No.  9A  by  the  audiometer  is 
measured  at  one  hearing  loss  dial  setting — usually  60  db 
— for  each  frequency.  The  audiometer  is  operated  at  the 
rated  voltage  stated  by  the  manufacturer.  Voltage 
regulation  in  the  audiometer  may  be  checked  by  making 
output  pressure  measurements  at  the  extremes  of  line 
voltage  likely  to  be  encountered.  The  earphone  is 
coupled  to  the  condenser  microphone  through  Coupler 
9A.  The  microphone  is  connected  to  a  preamplifier  of 
the  cathode  follower  type.  An  amplifier  of  fairly  high 
gain  is  needed  to  bring  the  output  of  the  cathode 
follower  up  to  a  level  sufficient  to  actuate  an  output 
meter.  If  the  same  amplifier  is  to  be  used  throughout  the 
calibration  procedure,  gains  of  80  to  120  db  should  be 
available. 

A  substituted  voltage  is  used  to  determine  the  voltage 
output  of  the  microphone.  The  arrangement  for  inser- 
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Table  I.  Standard  threshold  pressures  in  Coupler  No.  9A. 
Western  Electric  Type  705A  Receiver  for  octaves  of  125  c/sec.  and 
128  c/sec.  (Corresponding  to  the  application  of  threshold  voltages 
at  the  earphone  terminals.) 


Frequency 

(c/sec.) 

Pressure 
(db  above 

1  dyne/cm*) 

Frequency 

(c/sec.) 

Pressure 
(db  above 

1  dyne/cm2) 

125 

-19.5 

128 

-20.1 

250 

-34.4 

256 

-34.9 

500 

-49.2 

512 

-49.5 

1000 

-57.3 

1024 

-57.5 

2000 

-57.0 

2048 

-57.0 

4000 

-58.9 

4096 

-58.5 

8000 

-53.1 

8192 

-52.3 

tion  of  the  voltage  is  shown  in  Fig.  3.  With  the  hearing 
loss  dial  set  at  60  db,  the  output  meter  is  read.  The 
hearing  loss  dial  is  then  turned  back  to  attenuate  to  a 
maximum  the  signal  from  the  audiometer,  and  a  cali¬ 
brating  voltage  of  the  same  frequency  as  that  of  the 
audiometer  signal  is  inserted  in  series  with  the  condenser 
microphone.  The  voltage  is  adjusted -by  means  of  a 
calibrated  attenuator  until  the  output  meter  reads  the 
same  as  it  did  when  the  audiometer  tone  was  being 
applied.  From  the  amplitude  of  the  calibrating  Voltage 
and  the  voltage  response  of  the  condenser  microphone 
the  sound  pressure  in  the  coupler  can  be  computed.  An 
attenuator  of  high  quality  should  be  used ;  the  resistor 
across  which  the  voltage  is  applied  should  terminate  the 
attenuator  with  its  characteristic  impedance.  A  thermal 
voltmeter  makes  a  good  instrument  for  measuring  the 
voltage  at  the  input  of  the  attenuator  because  it  gives 
true  R.M.S.  readings. 

ATTENUATOR  DIAL 

The  pressure  produced  in  the  coupler  at  hearing  loss 
dial  settings  other  than  60  db  can  be  derived  from  a 
calibration  of  the  audiometer  attenuator  (hearing  loss 
dial).  For  this  measurement,  the  earphone  is  connected 
to  the  audiometer  and  placed  on  the  coupler,  so  that  the 
audiometer  is  loaded  with  the  proper  output  impedance. 
A  500-ohm  calibrated  attenuator  is  placed  in  parallel 
with  the  earphone.  (This  impedance  is  suitable  for  many 
audiometer  earphones,  most  of  which  have  impedances 
of  about  10  ohms.)  The  attenuator  is  connected  to  an 
amplifier  and  thence  to  a  wave  analyzer,  which  serves  as 
a  tuned  amplifier  and  output  meter.  It  is  necessary  to 
use  a  tuned  amplifier  in  order  to  filter  out  electrical  noise 
introduced  by  the  high  amplification  required  in  the 
frequency  range  corresponding  to  maximum  hearing 
acuity,  since  at  those  frequencies  the  signal  voltages  will 
be  very  low. 

The  hearing  loss  dial  is  checked  against  the  calibrated 
attenuator  by  starting  at  the  lowest  hearing  loss  dial 
setting,  with  the  parallel  attenuator  at  a  minimum 
setting.  The  difference  between  the  dial  steps  and  the 
attenuator  steps  is  determined  by  adjusting  the  external 
calibrated  attenuator  to  maintain  the  output  meter 
readings  at  about  the  same  point  as  the  hearing  loss  dial 
is  turned  toward  higher  output  settings. 


CALIBRATING 

VOLTAGE 

Fig.  3.  Technique  of  introduction  of  calibrating  voltage. 


HARMONIC  ANALYSIS  AND  FREQUENCY 
MEASUREMENT 

It  is  usual  for  specifications  to  require  that  the 
fundamental  of  the  pure  tone  signal  from  the  audiometer 
be  at  least  25  db  above  the  sound  pressure  of  any 
harmonic.  A  harmonic  analysis  of  the  audiometer  signal 
is  performed  with  a  modification  of  the  assembly  de¬ 
scribed  above.  The  earphone  is  placed  on  the  coupler, 
and  its  acoustic  output  is  picked  up  by  the  condenser 
microphone,  which  is  connected  to  an  amplifier  and  a 
wave  analyzer.  The  amplitudes  of  the  various  harmonics 
are  measured  by  means  of  the  wave  analyzer. 

The  frequencies  of  the  audiometer  tones  can  be 
checked  in  various  ways.  They  may  be  checked  by 
audible  beats  against  calibrated  tuning  forks,  or  against 
a  calibrated  beat  frequency  oscillator,  using  audible 
beats  or  Lissajous’  figures  on  an  oscilloscope.  They  may 
be  compared  with  a  standard  timing  frequency  by 
means  of  electronic  counters.  The  oscillator  calibration 
can  be  determined  by  making  use  of  the  frequency 
broadcast  from  the  National  Bureau  of  Standards  radio 
station  WWV  at  Beltsville,  Maryland.  The  standard 
frequency  broadcast  can  also  be  used  to  provide  the 
timing  signal  for  the  counters.  Audio  frequencies  of  440 
c/sec.  and  600  c/sec.  are  broadcast  on  several  radio 
carrier  frequencies,  including  2.5,  5,  10  and  15  Me. 
Information  on  the  broadcast  schedule  and  means  of 
making  use  of  the  standard  frequencies  may  be  secured 
by  writing  to  the  Central  Radio  Propagation  Labora¬ 
tory,  National  Bureau  of  Standards,  Washington 
25,  D.  C. 

BACKGROUND  NOISE  LEVEL 

The  background  noise  level  in  the  receiver  output  is 
evaluated  by  a  weighted  measurement  of  the  sound  level 
produced  by  the  audiometer  receiver  in  Coupler  No.  9A 
when  the  audiometer  is  on,  but  the  signal  tone  is  inter¬ 
rupted.  The  relative  weighting  is  that  of  the  zero 
loudness  level  curve  of  intensity  level  vs.  frequency 
This  curve  is  shown  in  Fig.  4.  The  measurement  is  made 
for  all  settings  of  the  hearing  loss  dial  and  at  all  settings 
of  the  frequency  control,  since  it  has  been  found  that  the 
general  noise  level  varies  somewhat  with  these  settings. 
The  characteristics  of  the  power  supply  influence  the 
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background  noise  in  the  audiometer.  The  noise  back¬ 
ground  introduced  by  the  power  supply  depends  upon 
the  voltage  characteristics  of  the  power  line,  which  are 
described  in  terms  of  TIF  (telephone  influence  factor). 

The  TIF  of  a  power  line  is  a  numerical  rating  which 
describes  the  loudness  of  noise  which  it  is  likely  to 
induce  in  telephone  circuits.  Methods  for  measuring 
TIF  are  described  by  Barstow,  Blye  and  Kent.4  The 
characteristics  of  a  frequency  weighting  network  for 
TIF  measurements  are  shown  in  Fig.  5.  An  average  for 
the  TIF  of  power  lines  throughout  the  country  has  been 
found  to  be  about  15  to  25  for  a.c.  lines  and  80  to  120  for 
d.c.  lines.  Of  course,  if  the  TIF  for  the  particular  power 
lines  on  which  the  instrument  is  to  be  operated  is  known, 
the  noise  level  should  be  measured  when  the  instrument 
is  operating  on  a  line  with  that  TIF,  even  though  the 
TIF  values  may  fall  outside  the  limits  of  the  average 
values  given  above. 

EARPHONE  RESPONSE 

If  an  audiometer  in  service  is  suspected  of  giving  in¬ 
correct  readings,  the  source  of  trouble  may  often  be 
located  by  making  a  measurement  of  the  earphone’s 
response.  Audiometers  are  adjusted  as  a  unit,  for  a 
particular  earphone.  If  difficulty  develops,  and  spurious 
threshold  measurements  are  being  made,  it  may  be  that 
the  earphone  has  shifted  in  response,  or  that  the  output 
voltage  of  the  audiometer  has  changed. 

By  combining  the  measured  response  of  the  earphone 


with  the  standard  threshold  pressures  specified  for  that 
type  of  earphone,  the  voltages  which  should  be  applied 
to  the  terminals  of  the  earphone  to  produce  a  given 
sound  level  may  be  found,  and  compared  with  the  actual 
output  voltages  which  the  audiometer  supplies  across 
the  earphone  terminals.  A  level  of  60  db  above  threshold 
might  be  chosen  with  advantage,  so  that  the  voltage  to 
be  measured  is  in  a  convenient  range  for  accurate 
measurement.  If  the  voltages  put  out  by  the  audiometer 
depart  systematically  from  the  requisite  values  at  all 
frequencies,  or  are  low  or  high  at  only  one  particular 
frequency,  the  difficulty  is  probably  in  the  audiometer 
circuit.  Deviations  due  to  drift  in  the  earphone  response 
usually  show  a  dependence  upon  frequency. 

The  earphone  response  may  be  measured  without  a 
direct  measurement  of  voltage,  and  this  may  prove  to  be 
a  convenience  when  only  part  of  a  calibration  is  to  be 
carried  out  on  an  audiometer.  The  method  depends  upon 
the  use  of  a  substitution  voltage  in  the  microphone 
circuit.  The  voltage  is  introduced  across  a  resistor  which 
is  in  series  between  the  microphone  shell  and  ground. 
Usually  this  is  the  terminal  impedance  of  a  low  impe¬ 
dance  attenuator  (500  ohms  or  less),  since  stray  pickup 
may  give  trouble  if  higher  impedances  are  used.  The 
reading  of  the  output  meter  when  the  microphone  is 
used  as  a  sound  detector  is  matched  by  applying  a 
voltage  across  the  terminal  resistor  which  will  give  the 
same  reading,  and  noting  the  attenuation  which  must  be 
applied  to  the  initial  voltage.  Since  both  the  signal  from 


Fig.  4.  Pressure  response- 
frequency  characteristic  of 
equipment  for  measurement 
of  noise  in  air-conduction 
receiver.  (This  curve  is 
taken  from  that  published 
in  the  article  by  L.  J.  Sivian 
and  S.  D.  White),  J.  Acous. 
Soc.  Am.  4,  313  (1933),  and 
on  page  124  of  Hearing  by 
S.  S.  Stevens  and  H.  Davis 
(John  Wiley  and  Sons,  Inc. 
New  York,  1938). 


4  Barstow,  Blye,  and  Kent,  Trans.  A.  I.  E.  E.  54,  1307  (1935). 
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Fig.  5.  Frequency  weighting  network  for  TIF  measurements. 


the  microphone  and  the  signal  from  the  attenuator  are 
amplified  via  the  same  channel,  the  voltage  output  of 
the  attenuator  will  be  equal  to  the  output  voltage  of  the 
microphone.  The  network  for  this  arrangement  is  shown 
in  Fig.  4. 

The  value  of  resistor  “r”  (Fig.  4)  should  be  made 
small  so  that  the  voltage  across  it  is  not  changed  ap¬ 
preciably  when  the  earphone  is  shunted  across  it.  A 
correction  may  be  made  if  the  impedance  of  the 
earphone  is  known.  The  value  of  “R”  is  chosen  so  that 
the  attenuator  readings  are  of  convenient  size.  For  low 
impedance  earphones  a  convenient  set  of  values  is 
R  =10  ohms  and  r=p0.1  ohm. 

The  attenuator  is  set  at  a  high  value  so  that  it  con¬ 
tributes  no  signal  when  the  earphone  is  serving  as  a 
source  of  sound,  and  the  reading  of  the  output  meter  is 
observed.  The  earphone  circuit  is  then  opened,  and  the 
attenuator  is  adjusted  to  give  the  same  output  meter 
reading. 

Let  the  voltage  applied  to  the  input  of  the  attenuator 
be  “E.”  If  the  impedance  of  the  earphone  can  be  neg¬ 
lected,  the  voltage  across  the  earphone  is  (EXr/R-\-r). 
Expressed  in  decibels,  the  voltage  level  across  the 
earphone  is  then 

20  logioE+20  log10r/(P+r). 

Calling  the  observed  attenuator  reading  “A,”  the  sub¬ 
stitute  voltage  is  20  logio E—A,  which  is  the  e.m.f. 
output  of  the  microphone.  The  sound  pressure  level  in 
the  coupler  is  20  logi 0E—A  —  p,  where  p  is  the  response 
of  the  microphone  in  decibels  relative  to  1  volt- 
cm2/dyne. 

The  response  of  the  earphone  in  decibels  relative  to 
1  dyne/cm2-volt  is  the  difference  between  the  pressure 
level  in  the  coupler  and  the  voltage  level  across  the 


earphone,  when  the  levels  are  expressed  in  decibels.  The 
response  of  the  earphone  represented  by  “P”  is  thus 
given  by 

j P=  20  logio-E—  A  —  p—  20  log10£— 20  log wr/ (P+r) 
or, 

P=  —20  log ]0r/(R+r)  —  A  —  p. 

The  computation  of  the  threshold  voltages  from  the 
standard  threshold  pressures  in  Coupler  No.  9A  and  the 
earphone  response  is  a  simple  subtraction.  P,  the 
earphone  response,  is  given  in  decibels  above  1  dyne/ 
cm2-volt.  S,  the  standard  threshold  pressure,  is  given  in 
decibels  above  1  dyne/cm2.  The  threshold  voltage  level, 

T,  of  the  earphone  is  then  given,  in  decibels  above  1 
volt,  by  the  relation: 

T=S—P. 

The  threshold  voltage  in  volts  can  then  be  looked  up  as 
the  antilogarithm  of  P/20  in  a  table  of  logarithms. 
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Acoustic  Impedance  of  a  Right  Circular  Cylindrical  Enclosure 
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At  low  frequencies,  the  acoustic  impedance  of  a  right  circular  cylindrical  enclosure  (containing  air,  or 
other  gases)  is  affected  by  the  cooling  effects  of  the  walls.  Analytical  expressions  for  the  temperature 
distribution  have  been  obtained,  and  computations  of  the  effect  on  the  impedance  are  given  in  the  form 
of  plotted  correction  factors.  These  corrections  are  used  in  making  absolute  pressure  calibrations  of 
condenser  microphones  at  low  frequencies. 

The  solution  presented  for  the  average  temperature  distribution  applies  also  to  the  heat-conductivity 
problem  of  a  uniform  volume  distribution  of  sinusoidal  heat  sources,  which  are  considered  to  be  in  phase, 
inside  a  cylindrical  enclosure  having  isothermal  walls. 


IN  the  past  decade  the  reciprocity  technique  has  been 
widely  used  for  measuring  the  pressure  response  of 
condenser  microphones  to  be  used  as  sound  pressure 
standards  in  air.  The  technique,  which  has  been  fully 
described  in  various  places,  makes  use  of  a  small  en¬ 
closure,  usually  a  right  circular  cylinder.  The  enclosure 
(called  a  coupler)  contains  air,  or  other  gases,  in  which 
sound  pressure  is  produced.  The  volume  V  of  the  enclo¬ 
sure  (usually  of  the  order  of  10  cc)  is  chosen  so  that  the 
pressure  fluctuations  occur  adiabatically  at  audio 
frequencies.  The  acoustic  impedance  of  the  enclosure 
is  made  use  of  in  the  calculations.  If  B  is  the  ambient 
barometric  pressure,  y  the  ratio  of  specific  heats  of  the 
enclosed  gas,  and  co  the  pulsatance  of  the  sinusoidal 
adiabatic  pressure  fluctuations,  then  the  impedance  is 
jyB/ uV  (j2—  —  1). 

At  infrasonic  frequencies  the  acoustic  impedance  of 
the  coupler  is  affected  by  the  cooling  effects  of  the 
walls.  At  sufficiently  low  frequencies,  the  sound  pressure 
fluctuations  occur  isothermally,  and  the  impedance  is 
jB/uV.  When  the  frequency  is  varied  from  the  adiabatic 
to  the  isothermal  region,  the  acoustic  impedance  can  be 
regarded  as  a  complex  number  which  varies  contin¬ 
uously  from  its  adiabatic  value  to  its  isothermal  value. 


The  problem  is  to  determine  quantitatively  what 
happens  to  the  impedance  at  intermediate  frequencies. 
As  has  been  shown  by  F.  B.  Daniels1  and  others,  the 
problem  reduces  to  a  determination  of  the  space 
average  of  the  temperature  distribution  within  the 
coupler. 

Expressions  for  the  acoustic  impedance  of  two 
parallel  plates,  a  spherical  enclosure,  and  an  infinite 
cylinder  have  been  obtained  by  Daniels.1  Nomograms 
for  them  have  been  obtained  by  M.  J.  E.  Golay.2  Two 
infinite  series  solutions  to  the  problem  of  the  tempera¬ 
ture  distribution  in  a  right  circular  cylindrical  enclosure 
will  be  described  in  what  follows. 

SINGLY-INFINITE  SERIES  SOLUTION 

If  we  apply  the  first  law  of  thermodynamics  and 
assume  that  the  time- variations  of  the  quantities 
involved  are  like  exp  (jut),  then  it  is  possible  to  reduce 
the  equation  for  the  temperature  distribution3  to 

V2r=/32(r-a)  (1) 

1  F.  B.  Daniels,  J.  Acoust.  Soc.  Am.  19,  569  (1947). 

2  M.  J.  E.  Golay,  Rev.  Sci.  Instr.  18,  347  (1947). 

3  E.  C.  Wente,  Phys.  Rev.  19,  333  (1922). 
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where 


P2=jupCp/K,  o.  —  p/ pC  p, 


if  the  radiation  term  is  neglected.  In  the  above  equa¬ 
tions  :  Cp—  specific  heat  at  constant  pressure ;  p  =  density 
of  the  medium;  K  —  coefficient  of  thermal  conductivity; 
p  —  amplitude  of  the  sinusoidal  sound  pressure  in  the 
gas,  constant  throughout  the  coupler;  T— variational 
temperature  of  the  gas,  which  is  a  function  of  position 
in  the  coupler,  and  whose  time-averaged  value  is  zero ; 
a  =  variational  temperature  (associated  with  the  sound 
pressure)  which  would  prevail  throughout  the  gas  if 
the  walls  had  no  cooling  effect. 

The  boundary  condition  at  the  walls  of  an  enclosure 
containing  air  is  that  the  temperature  is  practically 
constant.  Mathematically,  if  a  =  radius  of  the  cylinder 
and  /  =  its  length  (see  Fig.  1),  then 

r=0  at  r=a,  and  T= 0  at  z  —  ±1/2. 
Substituting  t—  ( T—a)/a ,  we  have  from  Eq.  (1) 

V2t  =  /32t. 


Consider  a  cylindrical  enclosure  having  isothermal 
walls,  and  containing  a  gas  which  is  heated  periodically 
by  the  absorption  of  thermal  radiation,  for  example. 
The  heat  energy  added  is  a  sinusoidal  function  of  time, 
and  all  parts  of  the  gas  receive  heat  at  the  same  rate 
and  in  phase.  Then  the  above  differential  equations 
apply,  and  the  solution  which  we  shall  present  for  the 
temperature  distribution  in  the  acoustical  problem, 
will  be  valid  also  for  the  heat  conductivity  problem. 

Since  the  enclosure  is  axially  symmetric  the  tempera¬ 
ture  will  not  depend  on  the  angular  parameter.  We  seek 
to  construct  a  solution  r(r,z)  by  superposing  solutions 
of  the  form  R(r)Z(z).  We  find  that  R  and  Z  must 
satisfy 


d 

dr 


+H~rR  =  0, 


Fig.  1.  Coordinates  for  a  right  circular  cylindrical  enclosure. 

has  the  boundary  value,  and  each  of  which  has  the 
value  —  1  when  the  other  is  zero.  We  will  therefore 
divide  the  sum  (2)  into  two  sums  over  the  indices  n 
and  v.  Thus 

T  =  2/An  cos(knz)J0(Mnr)+£,A,,  cos  (k„z)J0  (ms)-  (3) 

n  v 

For  r—  a, 

—  l  =  J/An  cos(knZ)Jo(fina)+Y,Av  cos (&„z)/o (,u „a) .  (4) 

n  v 

If  we  take  J0(Mna)  =  0,  we  shall  be  left  with  a  sum  over 
the  index  v.  We  select  Av  and  kv  so  that  the  sum  is  a 
Fourier  series  of  cosine  terms  equal  to  the  constant  —  1, 
each  term  being  zero  at  z=±l/2.  This  gives  us 


d2Z 

- \-k2Z= 0,  £4-m2=-/32. 

dz2 

Solutions  to  these  equations  are 

R=CJo(nr)+DY0(jir), 

Z  =  A  cos(kz)-\~B  s'm(kz). 

The  solution  must  be  finite  at  r—  0,  therefore  D=  0. 
From  the  symmetry  it  is  obvious  that  B  =  0.  Thus 
choosing  C=  1,  a  general  solution  can  be  written  as 

r  =  J/A  cos(kz)J0(iJ.r).  (2) 

At  the  walls  of  the  enclosure  where  T—  0,  r=  —  1 
which  can  be  substituted  into  Eq.  (2).  When  r—a,  r 
becomes  a  function  of  z,  which  is  equated  to  —  1. 
When  z=±l/2,  r  is  a  function  of  r  and  this  also  must 
equal  —1.  In  order  to  meet  both  conditions,  we  can 
use  two  series,  each  of  which  is  zero  when  one  variable 


F=4(-ryiy0M,  K=(2v+i)Wi, 

M,2=-(£,2+/32),  v=0,  1,2,3,- oo. 

We  repeat  this  procedure  at  z—±l/2,  where  ry^a. 
The  sum  over  the  index  v  is  zero,  and  we  are  left  with 
the  sum,  over  the  index  n,  of  Bessel’s  functions  equal 
to  —  1.  The  Hn  and  An  are  chosen  so  that  the  sum  is  a 
Fourier-Bessel  series  equal  to  —  1.  Hence 

A n  2f[inQ/J\ cos(knl/2),  0, 

£n2=-Gun2+/32),  n=l,  2,3,---00. 

Our  solution  for  the  spatial  distribution  of  temperature 
in  the  coupler  is 

oo 

T/a=  1—  Y,  2  cos(knz)J0(nnr)/iinaJ1(nna)  cos(knl/2 ) 

n=l 

+  Y  4 ( —  1 ) H_1  X cos (kyz)Jo (m vr)/k JJo (m »a) •  (5) 

y= 0 
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Fig.  2.  Correction  factors,  for  the  cooling  effects  of  the  walls, 
to  the  acoustic  impedance  of  various  enclosures.  V—  enclosure 
volume,  and  5= surface  area.  A  is  for  a  right  circular  cylinder 
having  a/l—  1.185.  B  is  for  a  sphere.  C  is  for  an  infinitely  long 
circular  cylinder.  D  is  for  two  infinite  parallel  planes. 


The  average  temperature  T  in  the  enclosure  is 
T/a=  (32/ 7r2)  £  L/32/m2A2 

m=i,3,...x=i 

X(t  y/P+K/at+P2).  (11) 

The  doubly  infinite  series  (10)  for  T(r,z )  is  uniformly 
convergent  in  the  cylinder,  O^r^a,  — //2:Sz^//2.  Its 
derivatives  through  the  second  order  are  all  uniformly 
convergent  within  any  closed  region  interior  to  the 
cylinder.  Therefore  they  can  be  substituted  into  the 
differential  equation  (1).  When  this  is  done,  it  is  found 
that  the  series  (10)  satisfies  (1).  It  is  evident  that  (10) 
satisfies  the  boundary  conditions,  and  so  it  is  a  solution 
to  the  problem  at  hand. 

If  /— >oo,  so  that  the  enclosure  becomes  an  infinitely 
long  cylinder,  we  find  that  both  (5)  and  (10)  reduce  to 
the  solution  given  by  Daniels  for  such  a  cylinder.  If 
a— they  also  reduce  to  the  solution  for  an  enclosure 
formed  of  two  infinite  parallel  plates. 


The  average  temperature  within  the  enclosure  is 

/i/2  ~a 

I  Trdrdz.  (6) 

■II 2  ^  0 

It  can  be  shown  that  the  integration  of  the  infinite 
series  (5)  for  T  can  be  carried  out  term  by  term.  The 
result  is 

T/a=  1  —  8  E  tan {knl/ 2)/ knl {nnay 

n= 1 

— 16  E  J\(jiv&)/ Uvak „2l2J o (/x „a) .  (7) 

K=0 

DOUBLY  INFINITE  SERIES  SOLUTION 

The  sum  of  a  doubly  infinite  series  of  Fourier-Bessel 
functions  can  also  be  obtained  as  a  solution  for  the  tem¬ 
perature  distribution.  Consider  the  functions  cos(thz/1 ) 
X/o(Ar/a),  where  ju=l,  2,  3,---,  and  A  =  the  positive 
roots  of  /o(A)  =  0,  arranged  in  ascending  order  of 
magnitude.  These  functions  form  a  complete  orthogonal 
set  within  the  right  circular  cylindrical  enclosure  for 
functions  T(r,z)  which  are  even  in  z.  We  write 

r/a  =  E  E-4(m,A)  cos (t/jlz/1)Jo ( Ar/ a) .  (8) 

M  X 

On  substitution  of  this  expression  into  the  differential 
equation  (1),  and  making  use  of  the  expansion  for  unity, 
which  is 

8  «  «  (  —  )(m-d/2  cos  (it  fjLz/l)J0(\r/ a) 

i=-  £  £ - — - ,  W 

7T  m=1.3,.-.X=1  fx\J i(\) 

we  find  that  n  takes  on  odd  values  only.  The  solution  is 

8  »  co  (—  )(m-i)/202  cos(iriiz/l)Jo(\r/a) 

T/oc=-  £  £ - - - - - .  (10) 

7T  m=1.3,...X=1  juX/i(X)  (7T2/i2//2+A2/a2+|S2) 


CALCULATIONS 

Expressions  (5)  and  (10)  are  superficially  different, 
but  (5)  can  be  readily  transformed  into  (10)  and  vice 
versa.  A  similar  remark  applies  to  the  two  expressions 
for  T.  Formula  (7)  can  be  directly  transformed  into  (11) 
and  vice  versa.  However  it  appears  that  Eq.  (11)  is 
more  convenient  for  computation  with  SEAC  (the 
National  Bureau  of  Standards  Eastern  Automatic 
Computer).  Equation  (11)  has  the  additional  advantage 
over  (7 )  that  it  does  not  require  the  use  of  transcendental 
functions  with  complex  arguments. 

Computations  of  the  average  temperature,  for 
a  —  2.15  cm  and  1=  1.814  cm,  were  made  as  a  function  of 
—  j{32.  Pressure  calibrations  of  condenser  microphones 
are  made  at  the  Bureau  of  Standards  in  a  coupler 
having  these  dimensions.  The  average  temperatures 
were  used  to  compute  a  correction  factor  to  the  acoustic 
impedance  (see  Daniels1)-  In  Fig.  2  are  plotted  values 


FREQUENCY  CPS 


Fig.  3.  Responses  of  Western  Electric  type  640AA  condenser 
microphones  Nos.  646  and  1087  at  very  low  frequencies.  0  =  cal¬ 
ibration  with  a  3.18  cc  coupler.  X  =  calibration  with  a  20.1  cc 
coupler. 
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of  the  magnitude  of  the  correction  factor  (for  y=  1.403) 
vs  the  nondimensional  parameter  (— jf32/2)'V/S,  where 
V  is  the  volume  and  A1  the  surface  area  of  the  enclosure, 
as  curve  A.  All  cylinders  having  the  same  ratio  a/ 1 
=  1.185  will  have  the  same  curve  A.  Curves  B,  C,  and 
D  are,  respectively,  those  for  a  sphere,  infinite  cylinder, 
and  parallel  plates  as  obtained  by  Daniels.  Curve  A 
shows  that  the  correction  factor  for  this  finite  cylindrical 
enclosure  approximates  more  closely  that  of  a  sphere 
rather  than  that  of  an  infinite  cylinder  or  that  of  parallel 
plates.  Curve  A  is  substantially  different  from  the 
approximate  curve  given  in  Fig.  2  of  the  American 
Standard  Method  for  the  Pressure  Calibration  of 
Laboratory  Standard  Pressure  Microphones,  Z24.4- 
1949. 

Curves  for  a/l—  0.2500,  0.4138,  and  0.7754  were  also 
computed.  In  each  of  these  cases,  the  curves  were  very 
close  to  curve  A  and  curve  B  (for  the  sphere).  The 


coding  of  Eq.  (10)  for  numerical  evaluation  by  SEAC 
will  be  kept  available  for  some  time  to  come. 

APPLICATION  TO  CALIBRATION  OF  MICROPHONES 

The  pressure  responses  of  two  condenser  microphones 
were  measured  utilizing  the  correction  factor  of  Fig.  2 
to  the  acoustical  impedance.  Two  enclosures  having 
different  volumes  were  used,  and  the  responses  obtained 
are  plotted  in  Fig.  3.  The  crosses  represent  calibration  in 
the  20.1  cc  coupler,  and  the  open  circles  the  calibration 
using  the  3.18  cc  coupler.  A  correction  for  the  finite 
diaphragm  impedance  (0.1  cc  equivalent  added  volume) 
was  used  for  the  calculations  made  with  the  3.18  cc 
coupler.  The  results  of  these  measurements  and 
computations  indicate  that  the  correction  for  the 
temperature  effect  is  small  at  these  frequencies,  but 
useful  in  that  it  permits  calibration  with  either  coupler 
with  agreement  within  2  percent. 
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Pressure  Calibration  of  Condenser  Microphones  above  10  000  cps 

Bernard  D.  Simmons  and  Fernando  Biagi 
National  Bureau  of  Standards,  Washington,  D.  C. 

(Received  April  24,  1954) 

A  “plane  wave”  acoustic  coupler  and  an  electrical  admittance  method  are  described  for  the  pressure  cali¬ 
bration  of  condenser  microphones  in  the  ultrasonic  frequency  range.  Calibration  results  are  given  for 
frequencies  to  40  kc. 


INTRODUCTION 

THE  standard  method1  for  the  pressure  calibration 
of  microphones  utilizes  an  acoustic  coupling 
cavity  through  which  pressure  is  applied  to  the  dia¬ 
phragm  of  the  microphone.  Figure  1  is  a  diagram  of  the 
NBS  20-cc  cavity,  designed  for  use  with  the  Western 
Electric  640AA  condenser  microphone,  a  “type  L” 
standard.2  Reciprocity  calibrations  using  this  cavity 
are  made,  with  a  precision  of  1.0  percent  and  without 
correction  for  wave  motion  or  diaphragm  impedance,  to 
a  frequency  of  3000  cps  when  the  cavity  is  air  filled  and 
to  12  000  cps  using  hydrogen. 

The  frequency  range  is  limited  by  the  assumption  that 
the  ratio  of  the  volume  current  produced  by  the  driving 
transducer  to  the  pressure  over  the  microphone  dia¬ 
phragm,  the  “reciprocity  parameter,”  is  the  lumped 
admittance  (c oF/pc2)  of  the  volume  V  of  gas  enclosed. 
At  low  frequencies  the  pressure  in  the  cavity  is  uniform 
and  this  assumption  is  valid  provided  the  impedances  of 
the  transducer  diaphragms  are  large  compared  to  the 
cavity  impedance.  At  higher  frequencies,  for  which  the 
wavelength  is  comparable  to  the  cavity  dimensions, 
wave  motion  complicates  the  pressure  distribution.  The 
result  of  departure  from  the  lumped  impedance  assump¬ 
tion  due  to  wave  motion  is  shown  by  curve  A  of  Fig.  2. 


1  American  Standard  Z24.4-1949,  American  Standard  Method 
for  the  Pressure  Calibration  of  Laboratory  Standard  Pressure 
Microphones,  American  Standards  Association,  70  East  45th 
Street,  New  York  17,  New  York. 

2  American  Standard  Z24. 8-1949,  American  Standard  Specifi¬ 
cation  for  Laboratory  Standard  Pressure  Microphones. 


The  “pattern  factor”  A  is  the  experimentally  determined 
response  in  the  air-filled  cavity  relative  to  the  response 
obtained  in  the  hydrogen-filled  cavity. 

Considerations  in  the  design  of  cavities  for  optimum 
performance  without  correction  for  wave  motion  are 
discussed  in  detail  by  Beranek,3  with  reference  to  the 
experimental  work  of  DiMattia  and  Wiener.  Cook4  has 
discussed  theoretically  the  relative  influence  of  the 
length  and  radial  modes,  indicating  an  optimum  ratio 
of  diameter  to  length,  which,  for  the  20-cc  cavity,  was 
experimentally  determined  to  be  3.4/1.  Reducing  the 
size  of  the  cavity  with  the  same  ratio  of  diameter  to 
length  leads  to  a  slight  improvement  in  frequency 
range.  By  a  further  reduction  in  size  DiMattia  and 
Wiener  produced  a  design  which,  with  a  correction  for 
diaphragm  impedance,  is  intended  for  work  in  air  to 
6000  cps.  This  is  probably  the  limit  of  what  can  be 
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Fig.  2. 

achieved  with  these  microphones  in  the  direction  of 
maintaining  uniform  pressure  in  a  cavity. 

Plane  Wave  Cavity 

A  correction  for  wave  motion  in  a  cylindrical  tube 
which  takes  into  account  both  radial  and  longitudinal 
variation  in  pressure  is  complicated  by  interaction  be¬ 
tween  the  pressure  and  the  modes  of  vibration  of  the 
diaphragms,  and  involves  a  knowledge  of  the  diaphragm 
structures.  A  considerable  simplification  is  obtained  if 
the  frequency  of  the  first  radial  mode  of  the  cavity  is 

3  L.  L.  Beranek,  Acoustic  Measurements  (John  Wiley  and  Sons, 
Inc,  New  York),  p.  140  ff. 

4  R.  K.  Cook,  J.  Acoust.  Soc.  Am.  16,  102  (1944). 
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substantially  above  that  of  the  first  longitudinal  mode. 
Then,  if  the  impedance  of  the  microphone  diaphragm 
is  sufficiently  high,  the  pressure  is  uniform  over  the 
diaphragm  surface,  and,  as  is  true  at  low  frequencies, 
is  still  proportional  to  the  volume  velocity  of  the 
source. 

The  wave  correction  is  the  increase  in  pressure  at  the 
microphone  diaphragm.  The  pressure  and  particle 
velocity  in  a  plane  wave  are5 

p(x)  =  Aeikx+Be~ikx 

1 

u(x)  =  — ( A  eikx— Be~ikx ) . 
pc 


going  expression  may  be  put  in  the  form 

TTv/  V0 


R  =  10  log 


10 


sin  (rrvf  vo) 


1 


Using  air  v0  is  about  14  kc  and  the  frequency  of  the 
first  radial  mode  is  22.7  kc.  The  volume  of  the  cavity  is 
3.21  cc. 

Response  data  up  to  10  kc  using  the  plane  wave  cavity 
are  shown  on  Fig.  2.  The  zero  reference  level  is  the  re¬ 
sponse  obtained  from  the  20-cc  hydrogen-filled  cavity. 
Curve  B  is  the  uncorrected  response  obtained  from  the 
plane  wave  cavity  when  air  filled.  The  circles  are  cor¬ 
rected  values  of  B  using  the  wave  correction  factor  R. 
The  agreement  above  500  cps  is  close  to  1.0  percent. 
Below  500  cps  values  diverge  slightly  (0.3  db)  because  of 
the  finite  impedance  of  the  diaphragm. 

The  excellent  results  obtained  to  10  kc/sec  with  the 
plane  wave  cavity  using  air,  as  compared  with  the  usual 
results  obtained  with  the  20-cc  hydrogen-filled  cavity, 
create  a  strong  presumption  that  satisfactory  calibra¬ 
tion  data  can  be  obtained  using  hydrogen  in  the  plane 
wave  cavity  at  frequencies  beyond  10  kc,  where  difficul¬ 
ties  are  encountered  with  the  20-cc  cavity. 

In  order  to  check  the  cavity  data  above  10  kc,  an 
alternate  procedure  was  developed  using  electrical 
impedance  data.  This  method  will  now  be  described. 


Electrical  Impedance  Method 


p  is  the  density  of  the  undisturbed  medium,  k—2 tv/c 
where  v  is  the  frequency  and  c  the  sound  velocity.  Using 
the  boundary  conditions  u(l)  =  0,  corresponding  to  an 
effectively  rigid  diaphragm,  and  u(0)  =  u,  the  pressure 
at  the  microphone  diaphragm  (x=l)  is 

p  (l)  =  2  pcu/  ( eikl-\ -  e~ikl)  =  pcu/  sin  kl. 

At  low  frequencies  as  k  approaches  zero,  sin  kl  ap¬ 
proaches  kl  and  the  increase  in  pressure  at  higher  fre¬ 
quencies  is  kl/s\nkl.  In  decibels,  the  correction  to  the 
response  is 

[2irvl  /  {2tcv)1~\ 

R  =  10  logioj^ - -  j  sin - J. 


The  performance  of  the  condenser  microphone  is 
assumed  to  be  described  by  the  following  pair  of  linear 
relations  between  the  voltage  e  and  current  i  on  the 
electrical  side  and  the  pressure  p  and  volume  current  u 
on  the  mechanical  side. 

1  —ip 

e— - H - u, 

jcoCo  jcoCo 

—  <p . 

p —  Zmu. 

jcoCo 

The  parameter  Co  is  the  electrical  capacitance  with 
the  diaphragm  restrained  from  motion,  and  Zm  is  the 


With  these  considerations  in  mind  the  cavity  shown 
in  Fig.  3  was  constructed  for  use  with  the  W.  E.  640AA 
microphone.  The  two  cylindrical  sections  of  the  cavity 
are  separated  by  a  polystyrene  insulator  through  which 
capillary  tubes,  shown  in  the  cross  section,  lead  into 
the  cavity.  The  capillaries  serve  to  introduce  hydrogen 
into  the  cavity.  The  length  l  includes  the  microphone 
recesses,  which  vary  slightly  in  depth  from  one  micro¬ 
phone  to  another.  The  effective  length  can  be  accurately 
determined  from  the  frequency  v0  of  the  first  (longi¬ 
tudinal)  resonance  (f=X/2).  For  this  purpose  the  fore- 

6  P.  M.  Morse,  Vibration  and  Sound  (McGraw-Hill  Book 
Company,  Inc.,  New  York,  1948),  p.  238. 
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Fig.  4. 


CALIBRATION  OF  CONDENSER  MICROPHONES 


impedance  on  the  mechanical  side  with  the  electrical 
side  open  circuited. 

The  parameter  <p,  which  depends  on  the  polarizing 
voltage  and  the  geometry  of  the  condenser  plates,  is 
considered  in  the  following  treatment  to  be  independent 
of  frequency. 

The  microphone  response  p,  defined  as  the  ratio  of 
open-circuit  voltage  to  pressure,  is 

p  —  ~  {fit p)  i=o  =  +  <p/jwC o Z m. 

If  the  mechanical  load  impedance  is  small  compared  to 
Zm,  so  that  p  —  0,  which  experimentally  was  assured  by 
using  a  quarter-wavelength  coupling  tube,  the  electrical 
admittance  is 
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Y= 


0'coCo)-f-<p2 


7 


Solving  for  Zm  and  substituting  in  the  above  expression 
for  the  response,  we  obtain 


P—  (Y—juCo)  /  <pY=- 

'  <P 


g+ju(C—C  o)‘ 

g+juC 


Fig.  5. 

the  response  as  measured  by  reciprocity  using  the  plane 
wave  cavity.  The  triangular  points  are  the  calculated 
values  using  the  measured  capacitance  and  conductance. 
The  circular  points  are  points  which  were  determined  by 
using  an  electrostatic  actuator.6  These  results  indicate  a 
fair  agreement  between  calculated  and  measured  values 
of  response  up  to  about  40  kc. 


where  Y = g-\-juC . 

The  parameters  Co  and  <p  are  determined  experimen¬ 
tally  in  the  following  manner.  At  high  frequencies,  where 
the  mass  reactance  of  the  diaphragm  becomes  large,  the 
electrical  capacitance  approaches  the  blocked  value  Co. 
The  value  of  Co  was  measured  at  100  kc.  At  low  fre¬ 
quencies  the  conductance  becomes  small  and  the 
response  is 

p  —  C—Co/<p<^C. 

(p  can  thus  be  determined  from  a  value  of  response  at 
low  frequencies.  Both  <p  and  Co  can  be  determined  from 
values  of  response  at  low  frequencies. 

Figure  4  shows  measured  values  of  capacitance, 
conductance,  and  response  and  calculated  values  of 
response  using  the  above  method. 

Figure  5  shows  on  an  expanded  scale  data  from  three 
microphones.  The  zero  reference  value  is  the  value  of 


CONCLUSION 

With  microphones  having  the  diameter  of  the  W.  E. 
640AA,  a  cylindrical  enclosure  permits  calibration, 
within  the  usual  accuracy  (2  percent),  up  to  about  10 
kc  in  air  using  a  correction  based  on  plane  wave  trans¬ 
mission.  With  hydrogen  in  the  cavity,  results  of  about 
the  same  accuracy  can  be  obtained  up  to  25  kc  and  with 
less  accuracy  up  to  40  kc.  Above  40  kc  the  radial  mode 
of  the  coupler  causes  difficulties.  However,  values  of 
response  above  40  kc  can  still  be  calculated  using  im¬ 
pedance  data  with  the  assumption  the  microphone 
follows  the  simple  four-terminal  network  theory  on 
which  the  electrical  impedance  method  is  based. 

The  authors  wish  to  express  their  appreciation  to  Dr. 
R.  K.  Cook  for  his  interest  and  helpful  suggestion  in  this 
work. 


6  Reference  3,  p.  173. 
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A  Probe  Tube  Method  for  the  Transfer  of  Threshold  Standards 
between  Audiometer  Earphones* 
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To  establish  threshold  standards  for  various  types  of  earphones,  from  a  set  of  threshold  standards  that 
has  been  determined  for  one  particular  type  of  earphone  by  a  hearing  survey,  an  empirical  relationship  must 
be  found  giving  the  sound  pressures  in  the  calibrating  coupler  corresponding  to  equal  sound  pressures  in  the 
ear.  This  has  previously  been  accomplished  by  means  of  loudness  balancing  between  earphones.  The  method 
described  in  this  paper  makes  use  of  a  direct  probe  measurement  of  the  sound  pressure  developed  by  an 
earphone  at  the  entrance  to  the  ear  canal.  The  experimental  process  is  described  and  the  results  of  tests  to 
establish  the  equivalence  of  the  probe  method  and  loudness-balancing  are  given.  In  addition,  several  of  the 
conditions  under  which  loudness-balancing  is  carried  out  were  investigated  by  the  probe  method.  Equal 
loudness  sensation  was  found  to  correspond  to  equal  sound  pressures  at  the  ear,  within  the  limits  of  experi¬ 
mental  error. 


INTRODUCTION 

THE  observed  response  of  an  earphone  as  a  sound 
source  is  a  function  of  the  acoustic  load  with 
which  it  is  terminated.  Thus,  if  they  differ  in  internal 
impedance,  earphones  that  produce  the  same  sound 
pressure  in  a  human  ear  usually  will  not  produce  equal 
sound  pressure  in  an  ordinary  calibrating  coupler,  f 
Our  present  difficulties  with  the  standards  for  auditory 
threshold  stem  from  the  fact  that  we  do  not  yet  have 
earphone  calibrating  equipment  that  duplicates  the 
physical  conditions  of  measurements  on  the  human  ear. 

The  threshold  voltage  of  an  earphone  at  any  fre¬ 
quency  is  the  voltage  which  must  be  applied  across  its 
terminals  to  produce  a  sound  pressure  that  is  the 
threshold  value  for  normal  hearing  at  that  particular 
frequency.  Because  earphones  are  calibrated  on  an 
“artificial  ear”  coupler,  threshold  standards  for  audio¬ 
metric  purposes  are  maintained  in  terms  of  the  sound 
pressures  produced  by  certain  types  of  audiometer 
earphones  in  N.B.S.  Coupler  No.  9A. 

The  sound  pressure  produced  by  an  earphone  on  the 
calibrating  coupler  is  not  in  general  the  same  as  that 
which  it  would  produce  on  an  average  human  ear, 
because  the  coupler  does  not  reproduce  the  acoustic 
load  presented  to  the  earphone  by  the  ear.  Since 
earphones  of  various  types  differ  in  their  internal 
impedances,  each  type  of  earphone  will  have  a  different 

*  This  work  supported  in  part  by  the  Office  of  the  Surgeon 
General  of  the  United  States  Army. 

f  A  calibrating  coupler,  or  “artificial  ear,”  is  a  heavy-walled 
chamber  of  appropriate  dimensions  such  that  when  an  earphone 
is  placed  on  it,  the  total  enclosed  volume  is  approximately  the 
same  as  would  be  enclosed  by  the  earphone  on  a  human  ear.  The 
sound  pressure  in  the  coupler  is  measured  with  a  pressure-sensitive 
microphone  which  forms  part  of  the  enclosure.  See  American 
Standard  Z24.9-1949,  American  Standard  Method  for  the  Coupler 
Calibration  of  Earphones  and  American  Standard  Z24.5-1951, 
American  Standard  Specifications  for  Pure-Tone  Audiometers  for 
Hearing  Diagnostic  Purposes,  available  from  the  American 
Standards  Association,  70  East  45  Street,  New  York,  New  York. 
An  abridged  version  of  Z24.9-1949  appeared  in  J.  Acoust.  Soc. 
Am.  22,  609  (1950). 

See  also  E.  L.  R.  Corliss  and  W.  F.  Snyder,  J.  Acoust.  Soc.  Am. 
22,  837-842  (1950). 


set  of  coupler  pressures  corresponding  to  the  develop¬ 
ment  of  normal  auditory  threshold  sound  pressures  in 
the  ear.  Therefore,  once  an  auditory  threshold  survey 
has  been  made  with  a  particular  type  of  earphone,  the 
results  of  this  measurement  cannot  be  applied  directly 
to  establish  standards  of  normal  threshold  for  earphones 
of  any  other  type. 

To  obtain  a  set  of  threshold  standards  for  a  new  type 
of  audiometer  earphone,  either  a  complete  new  auditory 
threshold  determination  must  be  undertaken,  or  the 
threshold  standards  must  be  derived  from  existing 
threshold  determinations  on  a  standard  type  of  ear¬ 
phone.  This  is  achieved  by  determining  what  relation¬ 
ship  of  sound  pressures  in  the  calibrating  coupler 
corresponds  to  the  generation  of  equal  sound  pressures 
in  the  ear  by  both  the  new  and  the  standard  earphone. 
With  present  methods,  it  is  not  practical  to  establish 
for  all  types  of  earphones  a  relationship  other  than 
empirical  between  the  response  data  obtained  with  a 
calibrating  coupler  and  the  actual  response  on  the  ear. 
As  newer  designs  of  earphones  are  developed,  we  have 
the  problem  of  establishing  normal  threshold  standards 
for  them,  so  that  they  may  be  used  in  audiometry. 

The  method  at  present  most  generally  used  for  the 
transfer  of  auditory  threshold  standards  between 
earphones  is  a  subjective  technique,  called  “loudness 
balancing.”  In  this  process,  the  subject  performing  the 
“loudness-balancing”  measurement  is  located  in  a 
sound-isolated  room.  He  has  at  hand  a  signal  generator, 
serving  two  calibrated  voltage-dividing  networks,  each 
terminating  in  an  earphone.  The  two  earphones  are 
attached  to  a  single  handset.  One  earphone  is  the 
standard  earphone,  for  which  threshold  standards  are 
known.  The  other  earphone  is  the  earphone  for  which 
threshold  standards  are  to  be  determined  by  transfer 
from  the  known  values  for  the  standard  earphone.  The 
subject  adjusts  the  signal  applied  to  the  standard 
earphone  to  a  voltage  level  ascertained  (from  the  known 
threshold  standards  and  the  calibration  of  the  earphone) 
to  produce  a  sound  pressure  corresponding  to  20  db 
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above  normal  auditory  threshold.  He  then  listens,  in 
rapid  alternation,  to  each  of  the  earphones  in  turn, 
moving  the  handset  rapidly  back  and  forth  so  that  first 
one  earphone  and  then  the  other  is  presented  to  the 
same  ear.  While  doing  this,  the  subject  adjusts  the 
electrical  signal  applied  to  the  second  earphone  until 
the  sound  it  generates  is  equal  in  loudness  to  the  sound 
he  hears  from  the  standard  earphone.  He  then  records 
the  read  mg  of  the  voltage  divider  on  the  second  ear¬ 
phone.  From  this  information,  and  from  the  calibration 
of  this  earphone  on  the  calibrating  coupler  (NBS  No. 
9A  or  equivalent)  the  sound  pressure  in  the  coupler 
corresponding  to  normal  auditory  threshold  for  the 
secondary  earphone  can  be  computed.  This  determina¬ 
tion  usually  is  performed  for  at  least  six  subjects  having 
normal  auditory  acuity.  It  has  been  customary  to  make 
measurements  for  both  ears  of  each  subject. 

It  is  possible,  however,  to  use  a  probe  inserted  through 
the  earphone  cap  to  measure  the  actual  sound  pressures 
generated  at  the  entrance  to  the  ear  canal,1  and  thus  to 
determine  the  relative  terminal  voltages  which  must 
be  applied  to  two  earphones  to  produce  equal  sound 
pressures  at  the  entrance  to  the  canal.  This  objective 
method  has  the  advantage  of  being  simpler  to  carry 
out  than  loudness  balancing,  and  it  is  much  more  rapid. 
By  experiment,  we  have  been  able  to  show  that  this 
method  gives  substantially  the  same  results  as  luodness- 
balancing.  The  probe  method  also  makes  it  possible  to 
investigate  several  of  the  assumptions  upon  which  the 
entire  idea  of  transferring  threshold  standards  from  one 
type  of  earphone  to  another  is  based. 

ORIGIN  OF  PRESENT  STANDARDS 

The  sound  pressure  standards  for  normal  auditory 
threshold  maintained  by  the  National  Bureau  of 
Standards  are  derived  from  the  National  Health  Survey 
of  1935-1936.  The  original  measurements  were  deter¬ 
minations  of  voltages  applied  at  the  terminals  of  the 
audiometer  earphones  used  in  the  survey.  These  voltages 
were  averaged  from  the  values  that  corresponded  to 
threshold  sensation  for  the  5000  persons  whose  auditory 
thresholds  were  being  measured.  The  primary  deter¬ 
mination  was  thus  given  in  terms  of  mean  voltages 
applied  to  a  specific  group  of  earphones  of  particular 
design. 

After  completion  of  the  survey,  the  threshold  data 
were  transferred  to  a  group  of  standard  earphones 
designed  especially  for  stability  in  calibration.  “Loud¬ 
ness  balancing,”  as  described  above,  was  used  to  effect 
the  transfer.  The  fixed  voltages  applied  to  the  survey 
earphones  were  chosen  to  produce  levels  of  0  db,  20  db, 
and  40  db  above  average  normal  threshold.  Although 
all  three  comparison  levels  yielded  essentially  the  same 
results  for  the  relative  voltages  to  be  applied  to  the 
new  standard  earphones,  the  data  obtained  by  compari¬ 
son  at  the  20-db  level  showed  the  least  scatter.  Hence 

1  F.  M.  Wiener  and  D.  A.  Ross,  J.  Acoust.  Soc.  Am.  18,  401-408 
(1946). 


the  transfer  process  usually  has  been  carried  out  at  the 
20  db  level. 

The  loudness-balance  measurement  gave  normal 
threshold  values  in  the  form  of  voltages  applied  at  the 
terminals  of  standard  earphones.  Immediately  after  a 
loudness  balance,  the  earphones  were  placed  on  a 
calibrating  coupler  and  their  response  was  measured. 
From  the  loudness-balance  data  and  the  earphone 
response,  the  sound  pressures  in  the  coupler  that 
corresponded  to  normal  auditory  threshold  were 
computed  for  the  audio  metric  frequencies  (octaves  of 
128  cps  up  to  8196  cps).  These  sound  pressures  consti¬ 
tute  the  normal  threshold  standard.  They  are  inde¬ 
pendent  of  any  subsequent  aging  of  the  earphone. 

PHYSICAL  FACTORS  IN  THE  THRESHOLD 
STANDARDS 

The  usual  calibrating  coupler  is  a  hard-walled 
cylindrical  cavity  closed  at  one  end  by  a  condenser 
microphone.  When  it  is  closed  off  by  an  audiometer 
earphone,  the  enclosed  volume  is  approximately  the 
same  as  the  volume  enclosed  by  an  earphone  held 
against  a  human  ear.  Comparison  of  the  response  of 
earphones  on  the  ear  and  on  the  calibrating  coupler 
shows  that  the  coupler  does  not  duplicate  the  acoustic 
load  presented  to  the  earphone  by  the  ear.2  For  a  given 
voltage  applied  to  the  earphone  the  sound  pressures 
generated  in  the  ear  at  low  frequencies  are  significantly 
lower  than  the  sound  pressures  generated  in  the  coupler. 
Without  phase  measurements,  it  is  not  possible  to 
decide  whether  this  is  due  to  leakage  or  to  additional 
compliance. 

At  high  frequencies  there  are  sound  patterns  in  both 
the  ear  and  the  coupler.  At  any  single  frequency, 
however,  there  is  a  fixed  relationship  between  the  sound 
pressure  measured  at  the  microphone  in  the  coupler 
and  the  sound  pressure  present  at  the  eardrum  for  each 
individual  ear.  The  standard  coupler  9A  was  designed 
so  as  to  minimize  pattern  effects  at  particular  fixed 
audiometric  frequencies. 

A  set  of  threshold  standards  in  terms  of  sound 
pressures  in  a  coupler  is  valid  for  all  earphones  of  a 
standard  type  provided  that  the  high-frequency  pat¬ 
terns  in  both  ear  and  coupler  remain  constant  for  all 
earphones  of  the  type.  To  maintain  the  pattern,  all 
earphones  of  a  given  type  must  produce  like  geometric 
enclosures,  although  of  course  the  enclosure  on  the 
coupler  will  differ  from  that  on  the  ear.  Constancy  of 
pattern  requires  that  all  earphone  cushions  for  a  partic¬ 
ular  type  of  earphone  be  of  controlled  profile,  thickness, 
and  compliance;  and  that  the  distance  from  the  front 
face  of  the  moving  diaphragm  to  the  plane  of  the  cushion 
be  held  constant. 

If,  in  addition  to  maintaining  the  geometry  of  the 

2  See,  for  example,  M.  D.  Burkhard  and  E.L.R.  Corliss,  “The 
sound  pressures  developed  by  earphones  in  ears  and  couplers,” 
National  Bureau  of  Standards  Report  No.  1470  (Februrary  29, 
1952). 
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Fig.  1.  Comparison  of  the  standard  deviations  of  the  measure¬ 
ments  on  individual  persons,  arising  from  physical  differences 
among  individuals  taking  part  in  the  measurements  by  each 
method.  Six  persons  performed  the  loudness  balance.  Fourteen 
subjects  were  used  in  the  probe  method. 

enclosure,  the  earphone  is  held  against  the  ear  with  a 
constant  coupling  force,  the  acoustic  leak  at  low 
frequencies  for  any  individual  ear  will  be  approximately 
the  same  for  all  earphones  of  a  particular  type.  However, 
it  is  in  general  not  easy  to  meet  this  condition  when 
subjective  loudness  balancing  is  being  carried  out, 
because  the  comparison  and  standard  earphones  must 
be  interchanged  rapidly.  When  threshold  standards  are 
transferred  by  means  of  the  probe  technique  to  be 
described  here,  the  coupling  force  can  be  maintained 
constant. 

So  far  as  we  know  now,  it  can  be  assumed  that 
auditory  sensation  for  any  normal  individual  is  a  func¬ 
tion  of  the  sound  pressure  presented  at  the  eardrum. 
As  we  shall  see  later,  our  experimental  measurements 
confirm  this  assumption.  On  this  basis,  the  process  of 
loudness  balance  is  justified  as  a  method  for  establishing 
a  threshold  standard  for  a  new  type  of  earphone.  When 
a  number  of  subjects,  having  hearing  adequate  for  the 
task,  determine  what  voltages  applied  to  the  earphone 
terminals  give  the  same  loudness  sensation  for  both 
earphones,  the  sound  pressures  produced  at  the  ear¬ 
drum  by  the  earphones  are  presumed  to  be  equal. 


o 


Fig.  2.  A  check  on  the  basic  assumption  for  transfer  of  coupler 
pressure  standards  for  threshold.  Difference  between  average 
sound  level  produced  in  ears  and  sound  level  produced  in  N.B.S. 
Coupler  9A,  with  the  voltage  applied  to  the  earphone  held  con¬ 
stant.  Each  pair  of  curves  was  obtained  with  two  earphones  of 
the  same  type. 


The  loudness-balancing  process  is  slow  and  un¬ 
pleasant.  It  is  practical  only  if  it  is  done  at  relatively 
few  frequencies  and  if  the  number  of  subjects  in  a  jury 
is  small,  although  the  jury  must  be  kept  large  enough 
to  insure  representative  conditions.  Because  the  deter¬ 
mination  is  made  at  a  rather  low  sound  level,  each 
subject  must  concentrate  his  attention  on  the  sound, 
and  can  work  only  in  especially  quiet  surroundings. 

OBJECTIVE  PRESSURE  MEASUREMENT 

Sound  pressures  developed  by  an  earphone  at  the 
entrance  to  the  ear  canal  can  be  observed  by  means  of 
a  probe  microphone  inserted  through  the  earphone  cap. 
These  observations  can  be  used  to  determine  when  two 
earphones,  the  comparison  standard  and  the  earphone 
for  which  threshold  standards  are  to  be  determined, 
produce  the  same  sound  pressure  at  the  entrance  to  the 
ear  canal. 

The  transfer  of  threshold  is  carried  out  as  follows: 
The  response  of  each  earphone  is  measured  on  the 
calibrating  coupler.  By  probe  techniques,  the  response 

Table  I.  Threshold  transfer  data.  Sound  pressures  in  N.B.S. 

Coupler  No.  9A  corresponding  to  normal  auditory  threshold. 


(Db  re  l  dyne/cm2) 


Permoflux  type  PDR-1  Permoflux  type  PDR-8 

Maico  “doughnut”  cushion  MX41/AR  cushion 


cps 

Subjective 

Probe 

Subjective 

Probe 

125 

-20.4  db 

-25.2  db 

—  21.6  db 

—  25.4  db 

250 

-34.2 

-34.5 

-35.2 

-34.7 

500 

-49.5 

-48.7 

-49.5 

-49.0 

1000 

-59.4 

-58.0 

-57.5 

-57.4 

2000 

-57.3 

-56.4 

-56.9 

-58.8 

4000 

-53.0 

-57.7 

-59.5 

-60.5 

8000 

-49.2 

-52.4 

-45.7 

-48.1 

is  measured  for  each  earphone  when  mounted  on  the 
ears  of  a  number  of  human  subjects. 

Let  us  denote  the  response,  expressed  in  decibels,  of 
the  standard  earphone  as  measured  on  the  coupler 
by  Cs.  Let  the  mean  response  of  the  standard  earphone 
as  measured  on  the  group  of  human  subjects  be  Hs. 
Designate  the  corresponding  quantities  for  the  new 
earphone  by  Cx  and  Hx,  respectively.  The  coupler  sound 
pressures  in  decibels  corresponding  to  the  standards 
of  normal  threshold  for  the  new  earphone  are  simply 
obtained  by  adding  the  quantity  D  to  the  standard 
pressures  for  the  standard  earphone  corresponding  to 
normal  threshold,  where 

D=(CX-HX)-(C-HS). 

D  is  the  ratio  of  the  sound  pressures  developed  by  each 
of  the  earphones  in  the  calibrating  coupler  for  voltages 
at  which  they  produce  equal  sound  pressures  in  the  ear. 

EQUIVALENCE  OF  RESULTS 

If  the  probe  method  is  equivalent  to  loudness 
balancing,  the  results  of  the  transfer  of  threshold  by 
both  methods  should  be  substantially  the  same.  For 
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two  types  of  earphones  on  which  the  process  of  threshold 
transfer  had  been  carried  out  by  loudness  balancing, 
the  transfer  of  threshold  was  repeated  by  the  probe 
technique.  The  responses  of  the  test  earphones  were 
measured  on  both  ears  of  14  human  subjects.  The 
differences  between  these  responses  and  those  measured 
on  the  calibrating  coupler  (Coupler  No.  9A)  were  com¬ 
puted.  The  same  measurements  were  made  for  the  com¬ 
parison  standard  earphone  (W.  E.  Type  705-A).  Table  I 
shows  the  threshold  values  for  the  two  earphones  as 
determined  by  both  the  loudness-balancing  and  probe 
techniques. 

The  group  of  persons  used  for  the  probe  method  was 
essentially  different  from  the  group  used  for  loudness 
balancing.  Only  one  person  was  common  to  both 
groups.  The  threshold  values  obtained  by  loudness¬ 
balancing  are  those  determined  originally  when  the 
transfer  of  threshold  standards  to  these  particular 
types  of  earphones  was  performed  in  our  laboratory. 
From  a  study  of  the  statistical  variations  involved,  we 
conclude  that  the  physical  differences  among  individuals 
cause  a  major  part  of  the  differences  shown  here  be¬ 
tween  the  threshold  transfer  data  determined  by  each 
of  the  methods. 

The  standard  deviations  for  the  two  methods  are 
plotted  in  Fig.  1.  The  deviation  is  that  arising  primarily 
from  physical  differences  among  individuals.  The  stand¬ 
ard  deviation  for  the  loudness-balancing  method  also 
inevitably  includes  variations  in  judgment.  That  part 
of  the  deviation  caused  by  variations  among  repeated 
measurements,  on  a  single  individual  was  found  to  be 
very  small. 

A  measure  for  judging  the  difference  between  the 
results  of  threshold  transfer  by  the  two  methods  is 
is  given  by  the  factor  l/\/n  times  the  standard  devia¬ 
tion,  where  n  is  the  number  of  persons  involved  in  the 
transfer  measurements.  This  corresponds  to  a  confi¬ 
dence  level  of  0.68.  The  differences  appearing  in  Table  I 
are  significant  in  comparison  to  the  uncertainties  of  the 
measurement  only  at  125  cps.  This  difference  can  be 
traced  to  the  fact  that  the  earphone  is  applied  to  the 
ear  with  controlled  force  when  the  probe  method  is 
used  for  transfer  of  threshold.  In  loudness  balancing, 
the  coupling  force  is  not  controlled.  The  force  coupling 
the  earphone  to  the  ear  has  a  strong  influence  upon  the 
effective  response  of  the  earphone  at  low  frequencies.3 

The  rather  close  agreement  between  the  results  of 
threshold  transfer  by  the  two  methods  indicates  that 
the  sensation  of  equal  loudness  corresponds  directly  to 
equal  sound  pressures  at  the  entrance  to  the  ear  canal. 
This  is  a  fundamental  assumption  upon  which  threshold 
transfer  by  loudness  balancing  is  based. 

Although  the  uncertainties  of  measurements  are  com¬ 

3  See  reference  2,  p.  14. 


parable  for  the  two  techniques,  the  probe  method  makes 
less  demands  on  the  subjects.  In  the  probe  technique, 
the  subject  is  passive,  and  merely  provides  a  suitable 
acoustic  enclosure.  Because  no  subjective  judgment  is 
involved,  measurements  can  be  made  at  convenient 
sound  pressure  levels.  While  the  earphone  is  in  place, 
there  is  a  fairly  good  seal  to  the  ear,  and  external  noise 
is  excluded  to  some  extent.  Measurements  by  the  probe 
technique  can  be  made  quickly,  and  can  be  made  at  a 
much  larger  number  of  fixed  frequencies  than  is  feasible 
when  subjective  comparison  must  be  relied  upon. 
(Until  further  threshold  determinations  are  made,  how¬ 
ever,  threshold  transfers  are  limited  to  the  particular 
fixed  frequencies  at  which  the  present  standards  were 
determined.)  A  large  number  of  subjects  can  be  used. 
Since  immediate  interchange  of  earphones  to  deter¬ 
mine  instantaneous  equality  is  not  required,  the 
coupling  force  holding  the  earphone  to  the  ear  can  be 
controlled. 

EXPERIMENTAL  BASIS  FOR  TRANSFER  OF 
THRESHOLD  STANDARDS 

The  idea  that  threshold  standards  are  applicable  to 
all  earphones  of  a  given  type  implies  that  all  earphones 
of  the  given  type  will  show  the  same  consistent  differ¬ 
ence  between  their  performance  on  the  calibrating 
coupler  and  their  actual  performance  on  the  ear.  This 
assumption  can  be  checked  easily  by  the  probe  tech¬ 
nique.  Several  pairs  of  audiometer  earphones  were 
compared  for  this  purpose.  The  results  of  the  check 
are  shown  in  Fig.  2. 

Within  the  limits  of  experimental  uncertainty,  ear¬ 
phones  of  like  type  show  the  same  ratio  in  response  be¬ 
tween  their  performance  on  the  coupler  and  on  the  ear. 
This  shows  that  the  principle  of  establishing  threshold 
standards  in  terms  of  sound  pressure  developed  in  a 
calibrating  coupler  is  experimentally  valid. 

The  same  group  of  fourteen  individuals  was  used 
throughout.  It  should  be  noted  that  the  uncertainty 
of  measurement  sets  a  lower  limit  to  the  tolerance  on 
sound-pressure  outputs  specified  in  audiometer  adjust¬ 
ment.  If  the  tolerance  limits  are  set  substantially  closer 
than  the  experimental  uncertainty  in  relating  ear 
measurements  to  coupler  measurements,  the  result  does 
not  contribute  to  the  validity  of  audiometer  readings. 

Although  the  probe  method  for  transfer  of  threshold 
standards  is  easier  to  carry  out  than  loudness  balancing, 
it  is  necessary  with  either  method  to  make  a  transfer 
for  each  new  type  of  earphone.  Thus  each  time  the 
design  of  earphones  is  changed,  a  number  of  human 
subjects  must  be  assembled  and  a  transfer  of  standards 
must  be  made.  If  a  coupler  that  terminates  earphones 
with  the  appropriate  acoustic  load  can  be  made,  it 
will  be  possible  to  make  direct  comparisons  of  ear¬ 
phones. 
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The  Response  of  Earphones  in  Ears  and  Couplers* 

Mahlon  D.  Burkhard  and  Edith  L.  R.  Corliss 
National  Bureau  of  Standards,  Washington  25,  D.  C. 

Applied  voltage  responses  of  seven  earphones  on  both  ears  of  fourteen  people  were  obtained  with  the  aid  of 
a  probe  tube  microphone  inserted  into  the  volume  enclosed  by  the  earphone.  Treatment  of  the  response  data 
by  the  method  of  analysis  of  variance  allowed  separation  of  variance  effects  due  to  error  in  repeated  meas¬ 
urement,  dissimilarity  between  a  given  person’s  ears,  and  differences  among  individuals.  The  latter  are  found 
to  be  the  most  important  effects  to  contend  with  in  audiometric  practice.  Effects  of  application  force  on  sound 
pressure  output  of  an  earphone  are  examined.  Comparisons  between  the  average  response  on  ears  and  on 
three  superficially  different  couplers  are  presented.  Responses  on  ears  were  substantially  different  from  re¬ 
sponses  on  couplers  over  parts  of  the  frequency  range.  Recommendations  are  given  for  improving  the  re¬ 
liability  of  audiometric  measurements  by  instrumental  refinements. 


I.  INTRODUCTION 

HE  work  reported  in  this  paper  results  from  a 
program  being  carried  out  at  the  National  Bureau 
of  Standards  to  improve  the  methods  by  which  stand¬ 
ards  of  auditory  threshold  are  maintained.  For  audio¬ 
metric  purposes  the  threshold  of  hearing  is  defined  as 
the  minimum  sound  pressure  at  the  entrance  to  the 
ear  canal  which  produces  a  pitch  sensation.  A  person’s 
threshold  of  hearing  by  air  conduction  is  usually  meas¬ 
ured  with  a  pure-tone  audiometer  which  introduces 
sounds  at  specific  frequencies  and  controlled  levels 
into  the  patient’s  ear  by  means  of  an  earphone  held 
over  his  ear. 

The  response  of  an  earphone,  i.e.,  its  acoustic  output 
as  a  function  of  electrical  signal,  depends  upon  the 
acoustic  load  with  which  it  is  terminated.  The  electrical 
signal  required  to  produce  arbitrary  sound  pressure 
levels  is  usually  determined  by  means  of  an  “artificial 
ear”  coupler.  The  coupler  connects  the  earphone  acous¬ 
tically  to  a  microphone  through  a  volume  approximately 
the  same  as  that  enclosed  by  the  earphone  on  an  average 
human  ear. 

Artificial-ear  calibrating  couplers  used  in  this  country 
for  calibration  of  audiometer  earphones  are  of  the  hard- 
walled  cylindrical  volume  type.  It  is  well  known  that 
these  couplers  load  an  earphone  with  only  volume  reac¬ 
tance.  As  far  as  can  be  judged  from  response  measure¬ 
ments,  they  simulate  the  ear’s  impedance  over  only  a 
small  portion  of  the  audio-frequency  range.  The  most 
satisfactory  type  of  calibrating  coupler  for  audiometry 
would  be  one  which  duplicates  closely  the  termination 
presented  by  the  average  ear  at  all  audiometric  frequen¬ 
cies.  This  would  obviate  the  procedures  of  making 
transfers  of  standard  threshold  pressure,1  now  needed 
when  new  earphone  types  are  developed  for  audiometric 
use. 

*  Supported  in  part  by  the  Office  of  the  Surgeon  General, 
U.  S.  Army. 

1  For  background  see  E.  L.  R.  Corliss  and  M.  D.  Burkhard, 
J.  Acoust.  Soc.  Am.  25,  990  (1953),  and  E.  L.  R.  Corliss  and  W. 
Snyder,  J.  Acoust.  Soc.  Am.  22,  837  (1950);  also,  L.  L.  Beranek, 
Acoustic  Measurements  (John  Wiley  and  Sons,  Inc.,  New  York, 
1949),  p.  367. 


Other  investigators  have  found  much  variation  in  the 
sound  pressure  under  an  earphone  on  an  ear,  both  in 
regard  to  the  uncertainty  of  repeated  measurement  on 
a  person’s  ear  and  on  the  extreme  range  of  pressures 
occurring  in  measurements  on  a  number  of  indivi¬ 
duals.2’3  Thus  it  had  seemed  that  development  of  cali¬ 
brating  couplers  simulating  the  ear  would  not  appre¬ 
ciably  improve  the  precision  of  clinical  audiometry. 
In  the  work  described  here  the  possible  sources  of  the 
large  variations  were  investigated  by  observing  ear¬ 
phone  responses  under  various  conditions  of  application. 
One  particularly  useful  result  of  this  study  was  the 
finding  that  by  controlling  the  force  of  application  of 
the  earphone  to  the  ear,  the  uncertainty  of  repeated 
measurements  on  an  ear  could  be  materially  reduced. 
Control  of  this  factor  also  facilitated  study  of  the  other 
sources  of  variation. 

Applied  voltage4  responses  of  earphones  were  studied 
on  ears  by  means  of  a  capillary  probe  tube  microphone. 
These  measurements  and  their  significance  are  dis¬ 
cussed  in  part  II.  In  part  III  comparisons  of  earphone 
responses  on  three  superficially  different  couplers  are 
made. 

In  the  following  discussion  we  shall  frequently  refer 
to  the  sound  pressure  developed  by  an  earphone  in 
various  circumstances.  The  applied  voltage  response 
of  an  earphone  depends  primarily  on  the  conditions  of 
earphone  use  or  measurement.  Thus,  when  observed 
responses  differ,  it  is  the  result  of  production  of  dif¬ 
ferent  sound  pressures  for  the  same  voltage  at  the  ear¬ 
phone  terminals. 

2OSRD  Report  No.  3105,  Response  characteristics  of  inter¬ 
phone  equipment  (Electro  Acoustic  Laboratory,  Harvard  Univer¬ 
sity,  Cambridge)  (1944). 

3  F.  M.  Wiener  and  D.  A.  Ross,  J.  Acoust.  Soc.  Am.  18,  401 
(1946). 

4  The  applied  voltage  response  of  an  earphone  is  defined  as  20 
times  the  logarithm  to  the  base  10  of  the  absolute  value  of  the 
ratio  of  the  rms  sound  pressure  generated  to  the  rms  voltage 
applied  at  the  terminals  of  the  earphone.  This  calibration  pro¬ 
cedure  is  outlined  in  the  American  Standard  Method  for  the  Coupler 
Calibration  of  Earphones  Z24.9-1949  (American  Standards  Asso¬ 
ciation  Inc.,  70  East  Forty-fifth  St.,  New  York  17,  New  York). 
Published  in  part  in  J.  Acoust.  Soc.  Am.  22,  602  (1950). 
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II.  EFFECT  OF  LOAD  IMPEDANCE 
ON  AN  EARPHONE 

Basically  the  system  for  which  the  response  of  an 
earphone  is  defined  and  the  system  by  which  the  re¬ 
sponse  is  measured  are  similar  in  the  measurements 
under  discussion.  Let  us  represent  the  earphone  as  a 
lossless  generator  of  volume  velocity  shunted  by  an 
internal  impedance  Z;.  The  ear  or  coupler  is  then  treated 
as  a  load  impedance  Ze  in  parallel  with  Z,:.  In  audio¬ 
metric  determinations  it  is  desirable  to  produce  the 
same  ratio  of  sound  pressure  to  applied  voltage  with 
a  given  earphone  on  all  ears  and  in  an  appropriate 
calibrating  coupler.  To  maintain  the  generator  pres¬ 
sure  output  essentially  independent  of  changes  in  its 
load  Ze,  the  internal  impedance  Zt  must  be  small 
relative  to  Ze.  The  types  of  earphones  we  have  tested 
do  not  appear  to  have  internal  impedances  small 
enough  over  all  the  frequency  range  to  keep  the  pres¬ 
sure  response  of  the  earphone  the  same  for  all  ears. 

III.  EARPHONE  RESPONSE  ON  EARS 
(A)  Experimental  Procedure 

For  measurements  on  ears,  a  special  head  mounting 
was  built  to  support  an  earphone  and  a  probe  micro¬ 
phone  with  its  preamplifier.  This  mounting  incorporated 
a  calibrated  sylphon  bellows  so  that  the  force  of  the 
earphone  against  the  ear  could  be  controlled.  It  is 
shown  in  Fig.  1. 

The  probe  microphone  consisted  of  a  capillary  steel 
tube  connected  to  a  face-plate  that  screwed  onto  the 
front  of  a  Western  Electric  640AA  condenser  micro- 


Fig.  1.  Equipment  for  applying  earphone  to  ear.  Force  is  con¬ 
trolled  by  compression  of  sylphon  bellows  a  known  amount.  The 
640AA  microphone  and  probe  that  detect  the  sound  pressure  are 
kept  rigidly  fixed  relative  to  the  earphone. 


phone.  A  small  air  volume  was  enclosed  between  the 
face-plate  and  the  microphone  diaphragm.  Sound  pres¬ 
sures  at  the  far  end  of  the  probe  were  transmitted  to 
the  air  volume  and  picked  up  by  the  microphone.  The 
probe  was  calibrated  both  in  free  field  and  in  a  cavity 
against  a  standard  condenser  microphone.  By  inserting 
the  probe  into  the  space  between  the  earphone  cap  and 
the  ear,  sound  pressures  there  could  be  measured  on 
each  of  a  number  of  individuals  over  the  frequency 
range  from  75  to  8000  cycles  per  second. 

(B)  Average  Response  of  Earphones 

Let  us  now  discuss  in  detail  the  results  of  earphone 
response  determinations  on  couplers  and  ears.  Applied 
voltage  responses  were  measured  for  seven  standard 
earphones  of  four  different  types  on  the  National 
Bureau  of  Standards  calibrating  coupler  No.  9A  and 
on  both  ears  of  fourteen  individuals.  The  measurement 
for  all  seven  earphones  was  performed  twice  on  three 
of  these  subjects  to  evaluate  the  error  of  repeated  meas- 


Table  I.  Example  of  applied  voltage  response  of  earphones  on 
ears.  Data  at  three  frequencies  are  given  for  a  Permoflux  Type 
PDR-8  earphone.  Sequence  of  presentation  has  been  arranged 
so  that  responses  observed  at  100  cps  descend  in  magnitude. 
Application  force  on  earphone  is  1.5  kg. 


Person 

Ear  Frequency- 

Earphone  response,  db  re 

1  dyne/cmVvolt 

-100  cps  1000  cps  5000  cps 

EJ 

L 

39.2 

40.7 

32.8 

BS 

L 

38.7 

40.7 

41.2 

FB 

R 

38.5 

40.7 

32.8 

AO 

L 

37.3 

40.3 

37.5 

SE 

L 

37.0 

40.5 

35.6 

RFB 

L 

36.9 

39.0 

28.1 

FB 

L 

36.7 

40.5 

36.3 

EC 

L 

36.6 

39.3 

31.9 

JW 

R 

36.4 

40.2 

36.0 

AO 

R 

36.1 

39.6 

40.3 

RFB 

R 

35.7 

37.4 

24.6 

EJ 

R 

35.4 

38.9 

36.2 

EC 

R 

34.6 

39.8 

35.7 

HL 

L 

34.2 

37.0 

39.1 

SE 

R 

33.8 

39.6 

33.2 

JW 

L 

33.7 

40.3 

35.3 

BS 

R 

33.0 

39.4 

38.4 

PB 

R 

32.6 

40.7 

37.4 

MB 

L 

31.1 

39.8 

36.4 

RDB 

R 

24.9 

40.2 

33.1 

PB 

L 

24.5 

40.4 

38.0 

HL 

R 

24.4 

37.9 

34.5 

MB 

R 

23.6 

40.6 

36.3 

WK 

R 

21.2 

40.7 

32.8 

CR 

L 

20.1 

39.9 

40.2 

RDB 

L 

19.7 

41.7 

35.8 

WK 

L 

12.9 

39.5 

40.6 

CR 

R 

11.7 

42.7 

29.1 

Average  response 

30.7 

39.9 

35.4 

Minimum  response 

11.7 

37.0 

24.6 

Maximum  response 

39.2 

42.7 

41.2 

Spread  of  observations 

27.5 

5.7 

16.6 
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(a)  Permoflux  Type  PDR-1  (MX41/AR  cushion) 


(b)  Permoflux  Type  PDR-8  (MX41/AR  cushion) 


(c)  Permoflux  Type  PDR-10  (MX41/AR  cushion) 


(d)  Western  Electric  Type  705-A.  Applied  voltage  response 
and  precision  indices.  Heavy  line  is  average  of  response  on  both 
ears  of  14  individuals.  Light  line  is  response  of  earphone  on 
coupler  No.  9-A,  included  for  reference.  sp,  se,  s,  and  s0  are  statis¬ 
tical  indices  indicating  the  variation  among  responses  due  to 
individual  physical  differences  among  people,  difference  between 
a  person’s  two  ears,  variation  in  repeated  response  determina¬ 
tions,  and  estimated  standard  deviation  of  the  mean,  respectively. 


Fig.  2. 


urement.  No  effort  was  made  to  establish  clinical  control 
of  the  people  used  but  their  ears  were  examined  by  Dr. 
Glorig  of  Walter  Reed  Hospital  with  an  otoscope  to 
note  the  absence  of  physical  irregularities  such  as  per¬ 
forated  drum  membranes,  and  ear  volumes  were  meas¬ 
ured. 

To  illustrate  the  range  of  variation  of  sound  pres¬ 
sures  encountered  when  applying  a  constant  voltage 
to  an  earphone  on  an  ear,  Table  I  presents  typical 
applied  voltage  response  determinations.  Data  at  three 
frequencies  are  given  for  a  Permoflux  Type  PDR-8  ear¬ 
phone  for  both  ears  of  the  fourteen  individuals  used. 
Noting  that  the  sound  pressures  developed  vary  from 
person  to  person,  we  consider  that  each  individual 
possesses  his  own  particular  value  which  can  be  found 
as  the  average  of  the  earphone  response  for  left  and 
right  ears.  Also,  there  will  be  an  average  value  of  the 
sound  pressure  response  of  a  particular  earphone  for 


a  group  of  people.  If  an  individual  is  chosen  from  the 
group  and  a  measurement  made  on  one  ear,  the  values 
obtained,  excluding  measurement  errors,  differ  in 
general  from  the  population  average  because:  (1) 
identical  results  may  not  be  obtained  on  both  ears  of  the 
same  individual,  and  (2)  the  individual’s  average 
differs  from  the  population  average. 

The  variability  of  individual  values  about  the  average 
for  our  fourteen  subjects,  and  of  the  discrepancy  be¬ 
tween  the  two  ears  and  the  individuals’  average  may  be 
estimated.  These  estimates  have  been  designated  sp2, 
the  variance  due  to  the  variability  of  individual  aver¬ 
ages  including  measurement  errors,  and  se 2,  the  variance 
representing  the  variation  between  the  ears  of  the  same 
person,  also  including  measurement  errors.  The  positive 
square  roots  of  these  parameters  have  been  plotted  for 
a  number  of  frequencies  in  Fig.  2  along  with  that  of 
the  estimate  of  the  measurement  error  variance  s2. 
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FREQUENCY  —  CYCLES  PER  SECOND 

Fig.  3.  Applied  voltage  response  of  a  Western  Electric  Type 
705- A  earphone.  Force  used  to  hold  the  earphone  on  the  ear  is 
the  parameter  yielding  the  separate  curves.  Response  on  National 
Bureau  of  Standards  Coupler  No.  9-A  is  given  for  comparison. 

Application  of  the  F  test5  to  the  parameter  se  in¬ 
dicates  that  it  is  not  significantly  different  from  5, 
and  hence  shows  that  ears  tend  to  occur  in  “matched 
pairs”  with  respect  to  the  sound  pressures  produced 
in  them  by  earphones.  Using  the  same  criteron,  sp  has 
been  found  to  be  significant  with  few  exceptions.  The 
points  which  show  no  significance  have  not  been  con¬ 
sidered  important  to  the  overall  effect.  Thus  the  dis¬ 
similarity  noted  between  both  ears  of  an  individual 
probably  results  from  the  random  measurement  error 
of  this  type  of  measurement,  but  the  variations  among 
subjects  result  from  individual  differences  which  affect 
the  acoustic  load  of  the  earphone.  The  high  degree  of 
repeatability  of  any  observation,  indicated  by  low 
values  of  the  index  s,  is  attributable  to  the  fact  that  the 
earphone  application  force  is  closely  controlled  in  all 
cases. 

The  estimated  standard  deviation  of  the  average 
responses  of  these  earphones  is  given  by  s0  computed 
from  analysis  of  variance  results.  On  the  basis  of  the 
Student  distribution6 * 8  and  a  significance  level  of  one  in 


Fig.  4.  National  Bureau  of  Standards  Calibrating  Coupler 
No.  9-A.  Standard  threshold  pressures  for  audiometer  calibration 
are  maintained  in  terms  of  sound  pressures  generated  in  this 
coupler.  Volume=5.7  cc. 


6  See  any  text  on  statistics,  e.g.,  D.  C.  Villars,  Statistical  Design 

and  Analysis  of  Experiments  for  Development  Research  (William  C. 
Brown  Company  ^Dubuque,  Iowa,  1951). 

8  See  e.g.,  D.  C.  Villars  (reference  5). 


twenty,  it  is  estimated  that  the  true  average  response 
of  the  earphone  for  the  whole  population  has  a  value 
within  ±0.6  s0  of  the  average  shown. 

Over  the  small  mid-frequency  range  of  500  to  1000 
cps,  the  responses  of  the  earphones  we  used  are  nearly 
the  same  on  ears  as  they  are  when  measured  in  Coupler 
No.  9A.  Precision  of  measurement  is  best  in  this  region, 
thus  precluding  the  occurrence  of  this  agreement  by 
chance.  At  lower  frequencies  uncertainties  of  measure¬ 
ment  become  much  greater  while  the  average  response 
on  ears  falls  off.  At  higher  frequencies  the  dissimilar 
geometries  of  the  ear  and  coupler  undoubtedly  con¬ 
tribute  much  to  the  differences  between  the  coupler 
and  the  ear.  The  same  applies  to  the  increase  in  un¬ 
certainty,  because  the  length  of  the  ear  canal  and  the 
general  shape  and  size  of  the  external  ear  are  peculiar 
to  each  individual.  This  personal  characteristic  deter¬ 
mines  the  impedance  encountered  by  an  earphone  when 
it  is  applied  to  the  ear. 


Fig.  5.  Joint  Radio  Board  (JRB)  calibrating  coupler.  Earphone 
was  calibrated  with  cushion  removed.  Volume  =  6.0  cc.  This 
differs  only  slightly  in  dimensions  from  the  ASA  Type  I  coupler. 

We  have  obtained  similar  applied  voltage  response 
and  uncertainty  index  characteristics  for  all  of  the  ear¬ 
phones  tested  on  ears  by  this  method. 

(C)  Earphone  Application  Force  Effect 
on  Earphone  Response 

It  is  reasonable  to  expect  that  the  force  with  which 
the  earphone  is  applied  to  the  ear  affects  the  sound 
pressure  developed  by  it  in  the  ear.  Because  of  the 
yielding  properties  of  both  the  flesh  and  the  rubber 
earphone  cap,  an  increase  of  application  force  tends  to 
reduce  the  volume  enclosed  under  the  earphone  and  at 
the  same  time  probably  tends  to  close  off  any  acoustic 
leaks.  Effects  of  earphone  application  force  on  earphone 
response  are  indicated  in  Fig.  3  where  we  show  the  aver¬ 
age  of  some  applied  voltage  earphone  response  meas¬ 
urements  made  on  ears  at  forces  of  1.0,  1.5,  and  2.0  kg, 
and  on  the  National  Bureau  of  Standards  9-A  cali¬ 
brating  coupler.  Although  the  averages  shown  result 
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from  comparatively  few  observations  (3  persons  with 
two  repeats  for  1.0  kg,  14  persons  for  1.5  kg,  4  persons 
for  2.0  kg),  differences  to  be  noted  in  the  average  re¬ 
sponse  curves  shown  are  large  enough  to  be  statistically 
significant  by  the  Student  t  test  in  most  cases. 

Apparently  the  acoustic  termination  to  the  earphone 
tends  toward  a  volume  reactance  approximating  a  hard- 
walled  calibrating  coupler  as  the  application  force  is 
increased.  It  still  would  not  be  practical  to  extrapolate 
to  the  conclusion  that  the  difficulty  of  relating  coupler 
pressures  to  ear  pressures  in  calibration  procedures  can 
be  avoided  in  this  way.  We  have  found  that  forces  in 
excess  of  2.0  kg  become  unbearably  painful  and  that 
even  a  2.0-kg  force  can  be  tolerated  only  for  short 
periods. 

IV.  EARPHONE  RESPONSE  ON  COUPLERS 

Figures  4,  5,  and  6  give  cross-sectional  drawings  of 
the  three  artificial  ear  calibrating  couplers  investigated. 
National  Bureau  of  Standards  Coupler  No.  9-A,7'8 
Fig.  4,  is  the  one  for  which  auditory  threshold  stand¬ 
ards  maintained  by  the  Bureau  of  Standards  are  speci¬ 
fied.  It  has  a  volume  of  5.7  cc  and  presents  nearly  pure 
volume  reactive  acoustic  load.  The  original  Joint  Radio 
Board  6  cc  coupler,2  Fig.  5,  is  essentially  the  same  as 
the  Type  I  coupler  specified  for  Coupler  Calibration 
of  Earphones.4  It,  too,  presents  a  load  which  is  nearly 
pure  volume  reactance.  The  design  of  this  coupler  is 
such  that  the  front  cushion  of  the  earphone  must  be 
removed  while  it  is  being  calibrated.  These  couplers  are 
intended  to  have  an  air  volume  approximating  that 
enclosed  by  an  earphone  on  an  ear. 

The  third  coupler  is  a  copy  of  one  used  at  the  Na¬ 
tional  Physical  Laboratory,  Teddington,  England.9 
This  coupler,  designated  B- 1,  is  shown  in  Fig.  6  as 
modified  to  accommodate  the  type  640AA  microphone. 
It  is  made  up  of  a  cylinder  with  volume  of  5.17  cc 
having  two  tubes  14J  feet  long  let  into  its  side  walls. 
Graduated  lengths  of  wool  yarn  were  drawn  into  the 
tubes  in  an  attempt  to  make  the  tubes  appear  infinite 
in  length.  The  design  in  theory  is  intended  to  produce 
impedance  in  accord  with  data  reported  by  West,10 
and  by  Inglis,  Gray,  and  Jenkins11  for  the  acoustic 
impedance  of  ears. 

Although  the  couplers  differ  somewhat  in  physical 
structure,  an  earphone’s  applied  voltage  response  meas- 

7  American  Standard  Specification  for  Audiometers  for  General 
Diagnostic  Purposes,  Specification  Z24.5 — 1951.  Available  from 
American  Standards  Association,  Inc.,  70  East  45th  St.,  New 
York  17,  New  York.  Price  $.50. 

8  American  Standard  Specification  for  Pure-tone  Audiometers 
for  Screening  Purposes,  Specification  Z24.12 — 1952.  Available 
from  American  Standards  Association,  Inc.,  70  East  45th  St., 
New  York  17,  New  York.  Price  $.50. 

9  Hearing  Aids  and  Audiometers,  Special  Report  261,  Medical 
Research  Council,  His  Majesty’s  Stationery  Office,  London,  Eng¬ 
land  (1947). 

10  W.  West,  British  P.  O.  Elect.  Engrs.  J.  21,  293  (1929). 

11  Inglis,  Gray,  and  Jenkins,  Bell  System  Tech.  J.  11,  293 
(1932). 


Fig.  6.  B-l  Coupler.  An  adaptation  of  a  coupler  employed  at 
the  National  Physical  Laboratory,  Teddington,  England  by  R.  S. 
Dadson.  It  has  been  modified  for  use  with  Type  640AA  condenser 
microphone.  Tubes  at  sides  are  partially  filled  with  graduated 
lengths  of  wool  yarn.  Volume  of  cylinder=5.l7  cc. 

ured  on  each  is  substantially  the  same.  The  response  of 
a  705-A  type  earphone,  given  in  Fig.  7,  showed  greater 
dependence  on  the  coupler  structure  than  both  the 
Type  PDR-1  and  Type  PDR-8  earphones.  Morrical 
et  al.n  found  much  similarity  between  the  responses  of 
an  earphone  measured  on  the  9-A  and  JRB  couplers. 
It  is  interesting  to  note  that  addition  of  the  acoustic 
leak  in  the  B-l  coupler  has  not  made  it  significantly 
different  from  the  9-A  and  JRB  couplers. 

Comparing  responses  for  the  same  earphone  applied 
to  ears  and  these  couplers,  e.g.,  the  data  of  Figs.  3  and 
7,  it  is  evident  that  the  sound  pressures  produced  in 
ears  differ  significantly  from  those  in  the  coupler  below 
500  cps  and  above  1000  cps.  At  higher  frequencies 
differences  arise  through  wave  motion  effects.  This 
comes  about  in  part  because  on  the  ear  the  pressure  was 
measured  directly  in  front  of  the  earphone  but  the 
coupler  pressure  is  measured  with  a  microphone  at  the 
coupler  bottom.  Differences  between  responses  on  ears 
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FREQUENCY-  CYCLES  PER  SECOND 

Fig.  7.  Applied  voltage  response  of  a  Western  Electric  Type 
705-A  earphone  on  three  superficially  different  calibrating  couplers : 
o — o  on  NBS  coupler  No.  9-A;  A  on  B-l  coupler;  •  on  JRB 
coupler. 

12  Morrical,  Glaser,  and  Benson,  J.  Acoust.  Soc.  Am.  21,  183 
(1949). 
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and  couplers  at  lower  frequencies  cannot  arise  from 
wave  effects.  The  average  of  the  volumes  enclosed  under 
an  earphone  cap  with  contour  typical  of  audiometer 
earphones  on  ears  of  12  of  our  14  subjects  is  5.3  cc. 
Reducing  coupler  volumes  to  this  amount  would  serve 
to  make  the  sound  pressure  in  the  coupler  even  higher 
at  low  frequencies  than  it  is  on  the  ears. 

One  obvious  source  of  difference  is  the  mounting  of 
the  earphone  on  the  ears  and  couplers.  The  coupler 
terminates  in  a  circular  aperture  which  forms  a  uniform 
seal  either  with  the  earphone  cap  or  with  the  front  face 
of  the  earphone  mechanism.  Irregularities  in  the  con¬ 
tour  of  the  side  of  the  face  prevent  a  uniform  seal  by 
the  earphone  on  the  ear.  Simple  computations  show  that 
there  is  at  least  one  additional  component  in  the 
acoustic  load  presented  by  the  ear  that  is  not  provided 
in  hard  wall  volume  couplers.  Although  the  acoustic 
leak  in  the  B- 1  coupler  is  designed  to  introduce  a 
resistive  element  in  the  load,  the  output  of  the  ear¬ 
phones  at  low  frequencies  is  considerably  lower  on 
the  ear  than  on  this  coupler.  The  agreement  in  the 
range  500  to  1000  cps  suggests  either  that  both  ear  and 
coupler  impedance  magnitudes  are  sufficiently  larger 
than  the  mechanical  impedance  of  the  earphone  so 
that  they  render  the  measured  response  independent 
of  the  load  used,  or  that  the  effective  impedances  are 
alike.  The  former  mechanism  seems  more  likely  since 
it  would  allow  for  the  deviations  between  responses 
on  the  ear  and  on  the  coupler  observed  at  frequencies 
outside  this  range. 

The  results  indicate  that  the  mechanical  impedance 
of  audiometer  earphones  may  be  too  high  relative  to 
the  load  impedances  which  are  encountered  in  practice. 
Because  audiometric  measurements  require  that  the 
sound  pressure  at  any  frequency  be  maintained  con¬ 
stant  for  all  ears,  it  is  evidently  preferable  to  avoid 
impedance  matching.  Instead,  earphones  chosen  for 
audiometry  should  exhibit  low  internal  impedance. 

VI.  CONCLUSIONS 

Normal  threshold  of  audibility  at  a  given  frequency 
is  the  minimum  sound  pressure  at  the  entrance  to  the 
external  auditory  canal  which  at  that  frequency  pro¬ 
duces  an  auditory  sensation  in  ears.  It  is  necessary 
therefore  that  an  audiometer  earphone  produce  the 
same  sound  pressure  in  all  of  the  ears  to  which  it  may 
be  applied,  otherwise  considerable  inaccuracy  in  the 
threshold  measurement  may  result. 

Earphone  calibration  under  prescribed  and  repre¬ 
sentative  conditions  is  basic  to  the  maintenance  of  the 
standards  of  auditory  threshold.  The  calibrating  coupler 
now  specified  for  earphone  calibrations  does  not  dupli¬ 
cate  the  acoustic  load  of  the  human  ear  as  closely  as 
desired  for  audiometric  work.  As  a  result,  the  standards 
of  auditory  threshold  apply  only  for  the  earphone  with 
which  the  threshold  determination  was  made.  If  a 
different  earphone  type  is  to  be  used  for  audiometry, 


either  new  threshold  determinations  must  be  made  for 
this  type  of  earphone  or  transfer  of  the  threshold  must 
be  made  from  one  earphone  to  the  other.  This  may  be 
accomplished  either  by  loudness  balancing  between  the 
earphones  or  by  measuring  the  pressure  under  each  ear¬ 
phone  when  it  is  held  on  an  ear.  If,  however,  the  couplers 
were  more  representative  of  the  average  ear,  all  of  the 
necessary  information  about  any  earphone  which  was 
proposed  for  audiometric  measurements  could  im¬ 
mediately  be  obtained  from  the  coupler  calibration 
of  the  earphone.  Therefore,  a  new  artificial  ear  cali¬ 
brating  coupler  that  will  more  nearly  duplicate  the 
measured  impedance  of  ears  is  needed.  It  is  evident 
from  sound  pressure  observations  that  there  are  re¬ 
sistive  and  reactive  components  in  the  impedance  of  an 
average  human  ear.  At  present  the  standard  calibrating 
couplers  in  this  country  are  of  the  hard-wall  type, 
presenting  chiefly  volume  reactive  impedances. 

Considerable  reduction  in  the  variability  in  sound 
pressure  generated  by  an  earphone  on  a  particular  ear 
has  been  made  by  controlling  the  application  force  of 
the  earphone.  The  precision  of  all  audiometric  practices 
could  be  improved  by  control  of  the  headband  force 
so  that  it  is  the  same  for  all  subjects.  A  force  of  1.5  kg 
has  been  found  advantageous  in  this  investigation. 
Most  headbands  now  in  use  give  a  smaller  variable  force 
that  depends  on  head  size. 

Variations  in  earphone  response  on  the  ears  of  a  group 
of  people  will  not  be  eliminated  by  specifying  the  appli¬ 
cation  force,  however,  since  the  differences  are  due 
almost  wholly  to  the  physical  characteristic  of  the 
particular  ear  on  which  the  measurements  were  made. 
Because  of  this,  for  a  given  acuity  of  the  ears  of  several 
individuals,  observed  thresholds  will  appear  to  be  dif¬ 
ferent  to  the  extent  that  the  responses  of  the  earphone 
on  these  ears  differ.  Thus  hearing  losses  apparently 
observed  audiometrically  may  not  actually  exist.  It 
follows  directly  from  the  measurements  described  here, 
that  some  cases  of  hearing  loss  of  the  order  of  20  db 
to  30  db  may  only  be  due  to  a  decrease  in  sound  pres¬ 
sure  at  the  entrance  to  the  ear  because  of  the  acoustical 
termination  which  that  particular  ear  presents  to  the 
earphone. 

Earphones  are  usually  designed  empirically  for 
maximum  sound  energy  transfer,  thus  probably  the 
magnitude  of  the  impedance  of  the  earphone  matches 
the  impedance  of  the  ear.  For  audiometry,  however, 
an  earphone  should  be  chosen  or  designed  that  has  an 
acoustic  pressure  output  substantially  unaffected  by 
acoustic  load  over  the  range  of  impedances  encountered 
on  ears.  This  requires  an  impedance  mismatch,  i.e.,  an 
earphone  with  a  low  driving  impedance  acting  effec¬ 
tively  as  a  constant  pressure  source. 
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abstract 

A  tourmaline-crystal  disk  was  used  both  as  a  microphone  (direct  piezoelectric 
effect)  and  as  a  sound  source  (converse  piezoelectric  effect).  Application  of  a 
principle  of  reciprocity  to  the  acoustic  measurements  gave  an  absolute  deter¬ 
mination  of  the  piezoelectric  modulus  d33  +  2d31  of  tourmaline  under  hydrostatic 
pressure.  A  condenser  microphone  was  calibrated  by  the  tourmaline  disk.  The 
same  principle  was  applied  to  data  obtained  by  using  a  condenser  microphone  as 
both  source  and  microphone  to  secure  an  absolute  calibration  of  another  con¬ 
denser  microphone.  It  was  proved  experimentally  that  the  tourmaline  disk 
and  the  condenser  microphones  satisfied  the  principle  of  reciprocity.  The 
absolute  acoustic  determination  of  the  piezoelectric  modulus  gave  d33-f2d31  = 
2.22X10-17  coul/dyne.  The  “reciprocity”  calibrations  agreed  with  the  results  of 
electrostatic  actuator,  pistonphone,  and  “smoke  particle”  calibrations,  but 
disagreed  with  thermophone  calibrations  of  the  condenser  microphones. 
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I.  INTRODUCTION 

Absolute  measurements  of  sound  intensity  are  of  basic  importance 
in  acoustics.  Such  measurements  are  most  conveniently  made  by 
means  of  calibrated  microphones,  and  it  is  important  to  have  accurate 
methods  of  making  both  absolute  pressure  and  absolute  free-held 
calibrations  of  microphones.  Absolute  pressure  calibrations  are 
needed  at  low  frequencies  to  supplement  free-held  Rayleigh-disk 
measurements  at  higher  frequencies,  and  are  needed  to  check  Rayleigh- 
disk  measurements  in  the  frequency  region  in  which  both  pressure  and 
free-held  calibrations  should  be  the  same.  Absolute  pressure  cali¬ 
brations  are  also  needed  in  audiometric  work. 

First  calibrations  of  a  condenser  microphone  made  with  an  electro¬ 
static  actuator  and  with  a  thermophone,  both  of  conventional  design, 
showed  a  difference  much  greater  than  the  probable  error  of  the  deter¬ 
mination.  The  difference  between  the  thermophone  and  the  free- 
held  Rayleigh-disk  calibrations  of  a  condenser  microphone,  in  the 
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frequency  region  in  which  both  calibrations  should  be  the  same,  was 
also  greater  than  the  probable  error.  It  was  decided  to  use  piezo¬ 
electric  crystals  to  throw  some  light  on  the  discrepancies  between 
the  results  obtained  with  the  thermophone,  the  electrostatic  actuator, 
and  the  Rayleigh  disk. 

II.  PRINCIPLE  OF  RECIPROCITY 
1.  GENERAL 

Shortly  after  the  discovery  of  the  direct  piezoelectric  effect  by  the 
brothers  P.  and  J.  Curie,  M.  G.  Lippmann  predicted  the  existence  of  a 
converse  piezoelectric  effect,  and  showed  quantitatively  how  large  it 
should  be. 

Lippmann’s  proof,  generalized  by  W.  Yoigt  [1] 1,  is  in  reality  a 
special  case  of  a  principle  of  reciprocity.  Other  special  cases  of  the 
principle  are  well  known  in  applied  mechanics,  electrical  engineering, 
and  acoustics.  This  principle  was  discussed  by  Lord  Rayleigh  [2] 
for  mechanical  systems  and  electrical  systems,  and  was  discussed  by 
S.  Ballantine  [3]  for  certain  mixed  mechanical  and  electrical  systems. 
The  same  principle  of  reciprocity  can  be  applied  not  only  to  piezo¬ 
electric  crystals  but  also  to  condenser  microphones,  moving-coil 
microphones,  and  to  the  thermophone.  By  means  of  this  principle, 
the  output  of  a  transducer  (i.  e.,  a  device  which  is  used  as  both  sound 
source  and  microphone)  as  a  sound  source  can  be  computed  from  its 
response  as  a  microphone,  and  vice  versa. 

Suppose  that  a  pressure  sinusoidal  in  time 


p=p0eiwt 


is  applied  to  the  diaphragm  of  a  transducer  (e.  g.,  a  condenser  micro¬ 
phone);  suppose  electric  charge 


q  =  q0eiwl 


is  released  from  the  transducer.  The  release  of  this  charge,  q,  by  the 
pressure,  p,  is  called  the  direct  effect  (see  fig.  1).  It  is  assumed  that 
the  charge  released  is  directly  proportional  to  the  pressure.  This 
assumption  of  linearity  is  sufficient  for  the  application  of  the  reciprocity 
principle. 

If  the  proportionality  between  p  and  q  is  given  by 

q  =  rp,  (1) 

the  principle  of  reciprocity  asserts  that 

v—tu,  (2) 

where  r  is  numerically  the  same  in  both  eq  1  and  2,  if  q,  p,  v,  and  u 
are  all  in  the  same  system  of  units,  and  where 


v=vQeibjt 

1  Figures  in  brackets  indicate  tho  literature  references  at  the  end  of  this  paper. 
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is  the  change  of  volume  caused  by  the  motion  of  the  diaphragm  due 
to  an  applied  voltage 

u—u0eiult. 

The  volume  change,  v,  due  to  the  voltage,  u,  is  called  the  converse 
effect  (see  fig.  2).  There  might  be  differences  in  phase  among  the 
quantities  q,  p,  v,  and  u.  To  account  for  phase  differences,  the 


Figure  1. — Direct  effect. 
Transducer  used  as  microphone. 


coefficients  q0,  p0,  v0,  and  it0,  and  the  transduction  coefficient,  r,  are 
in  general  complex  numbers,  and  t  might  also  be  a  function  of  fre¬ 
quency. 

The  principle  of  reciprocity  applies  without  regard  to  the  mechanism 
of  operation  of  the  transducer,  provided  only  it  is  linear.  The  princi¬ 
ple  applies  even  if  there  are  frictional  forces  or  thermal  actions  in  the 


Figure  2. — Converse  effect. 
Transducer  used  as  sound  source. 


transducer,  provided  these  are  linear  (i.  e.,  r—q/p  is  independent  of 
p).  Thus  a  thermophone  without  a  polarizing  current  is  not  linear 
when  used  as  a  sound  source  and  the  principle  does  not  apply.  Indeed, 
the  thermophone  used  as  a  microphone  under  such  circumstances  has 
no  response.  But  with  a  polarizing  current  the  thermophone  becomes 
a  linear  sound  source  (within  certain  limits),  and  the  reciprocity  the¬ 
orem  can  be  applied  within  these  limits  to  compute  the  response  as 
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a  microphone  from  the  output  of  the  thermophone  as  a  source  of  sound. 
Similarly,  the  principle  can  be  applied  to  a  condenser  microphone 
having  a  polarizing  voltage,  but  the  principle  is  not  applicable  to  an 
unpolarized  condenser  microphone. 

Besides  the  assumption  of  linearity,  it  is  also  assumed  that7  the  only 
force  applied  in  the  direct  effect  is;the  pressure  on  the  diaphragm  (i.  e., 
the  electric  terminals  of  the  transducer  are  shorted,  so  that  no  electric 
forces  are  applied),  and  that  the  only  force  applied  in  the  converse 
effect  is  the  voltage  on  the  electric  terminals  (i.  e.,  the  diaphragm 
volume  change  takes  place  with  no  reaction  from  the  gas  in  front  of 
the  diaphragm).  It  presently  will  be  shown  how  closely  these  con¬ 
ditions  are  realized  in  the  laboratory,  and  how  to  take  into  account 
departures  from  the  specified  conditions. 

If  p  and  v  are,  respectively,  in  dynes  per  square  centimeter  and 
cubic  centimeter  and  Q  and  E  in  coulombs  and  volts,  then  eq  1  and  2 
become,  in  this  mixed  system  of  units, 


Q—rp 

v=107tE 


(3) 


and  r  is  in  square  centimeters  coulomb  per  dyne.  These  units  will  be 
used  throughout  the  remainder  of  this  article.  The  quantities  repre¬ 
senting  voltage,  charge,  pressure,  and  volume  changes  will  henceforth 
have  root-mean-square  (rms)  values. 


2.  APPLICATION  TO  PIEZOELECTRIC  CRYSTALS 

Tourmaline,  a  polar  crystal  of  the  trigonal  system,  acquires  a  uni¬ 
form  electric  moment  per  unit  volume  imder  hydrostatic  pressure. 
The  magnitude  of  the  moment  per  cubic  centimeter  is 

M=(d33+2d3l)p  coul/cm2, 

and  its  direction  is  parallel  to  the  principal  (optic  and  piezoelectric) 
crystal  axis.  The  quantities  d33  and  d3i  (Voigt’s  [1]  notation)  are, 
respectively,  the  piezoelectric  modulus  for  normal  pressures  on  faces 
perpendicular  to  the  principal  axis,  and  a  piezoelectric  modulus  for 
normal  pressures  on  any  two  faces  which  are  parallel  to  the  principal 
axis  and  to  each  other.  The  quantity  d33-\-2d3x  is  the  piezoelectric 
modulus  of  the  crystal  under  hydrostatic  pressure. 

Voigt’s  measurements  on  Brazilian  tourmaline  gave 

d33+2c?31=2.42X10_17  coul/dyne. 

For  a  crystal  cut  in  the  shape  of  a  circular  disk  of  area  A  and  having 
its  parallel  flat  faces  perpendicular  to  the  principal  axis,  the  electric 
moment  per  unit  volume,  M,  will  appear  as  a  uniform  electric  charge 
per  unit  area,  M,  on  the  flat  faces,  or  the  total  charge  on  each  flat  face 
will  be 

Q = AM  =  A  (d33  -f-  2dzi)p  coul. 

Then,  by  the  principle  of  reciprocity,  a  potential  difference  of  e '/(volts) 
applied  between  the  flat  faces  will  cause  a  volume  change  of  the 
crystal  of  amount 

y=107^l(d33+2d31)g/;  cm3.  (4) 

A  tourmaline  crystal  is  then  used  in  the  following  way  as  both 
sound  source  and  microphone  to  secure  an  absolute  pressure  calibra- 
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tion  of  (for  example)  a  condenser  microphone,  and  to  secure  also  the 
hydrostatic  piezoelectric  modulus  of  the  crystal. 

Let  the  response  of  the  condenser  microphone  be 

p^ycm2  volts/dyne, 

where  em  is  the  voltage  output  of  the  microphone  due  to  the  sound 
pressure,  p.  The  response  of  the  crystal  used  as  a  microphone  (direct 
effect)  is 

-4(^33T2<^3l)  Q  2  li  IJ 

— c — =  Up cm  volts/dyne> 

where  C  (farads)  is  the  capacity  of  the  crystal  microphone.  The 
crystal  response  is  expressed  in  this  way  because  QIC  (the  voltage 
output  of  the  crystal  microphone)  can  be  readily  measured,  whereas 
it  is  not  feasible  to  measure  Q  directly. 

The  first  step  is  to  measure  the  ratio  of  the  condenser-microphone 
response  to  the  crystal-microphone  response.  The  ratio  is 

_ pU _  0m  /f.\ 

A.(dzz-\-2dzi)  es 

and  is  got  experimentally  by  applying  the  same  pressure  (or  pressures 
in  a  known  ratio)  to  both  microphones  and  by  measuring  the  ratio 
of  the  output  voltages,  em/es,  by  means  of  an  attenuation  box  or 
known  resistances.  The  voltage  output  of  the  condenser  microphone 
is  em,  and  that  of  the  crystal  for  the  same  sound  pressure  is  es. 

The  second  step  is  to  use  the  crystal  as  a  source,  acting  on  the 
condenser  microphone  as  a  microphone  through  a  gas-filled  cavity 
of  volume,  V  (cm3).  If  B  (dynes/cm2)  is  the  barometric  pressure  in 
the  gas  and  7  is  the  ratio  of  specific  heats  of  the  gas,  then  the  piezo¬ 
electric  volume  change  of  the  crystal  given  by  eq  4  will  give  rise  to  a 
pressure 

P = Cr> (d33 + 2dm) e's  dynes/cm2, 

provided  v  is  small  in  comparison  with  V.  The  condenser  microphone 
voltage  output  due  to  this  pressure  will  be 

e' m=(^0prB^A(d33+2d3l) pe' 3  volts.  (6) 

Simultaneous  solution  of  eq  5  and  6  yields 

cm2  TOlts/dyne 

/ — - 7 —  ■  (7) 

A(d33+ 2d31)  =  cm2  coul/dyne 

Thus  an  absolute  pressure  calibration  of  a  condenser  microphone 
is  obtained  by  absolute  measurements  of  a  volume,  the  barometric 
pressure,  and  a  capacitance,  and  by  measurements  of  two  voltage 
ratios.  An  absolute  determination  of  the  adiabatic  piezoelectric 
modulus  of  the  tourmaline  crystal  under  hydrostatic  pressure  is  ob¬ 
tained  by  measurement  of  the  crystal  area  in  addition  to  the  quanti- 
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ties  enumerated  above.  The  only  quantity  which  is  not  measured 
directly  is  7,  whose  values  for  air,  hydrogen,  and  helium  are  accu¬ 
rately  known. 

Superimposed  on  the  piezoelectric  action  in  the  direct  effect  will 
be  the  pyroelectric  effect  (since  temperature  changes  in  the  gas  which 
accompany  pressure  changes  will  penetrate  into  the  crystal),  and 
superimposed  on  the  piezoelectric  action  in  the  converse  effect  will  be  the 
electrocaloric  effect  (since  temperature  changes  in  the  crystal  which 
accompany  voltage  changes  will  penetrate  into  the  gas).  But  the 
principle  of  reciprocity  will  hold  nevertheless,  and  eq  7  will  give  a 
quantity  which  represents  a  mixed  piezoelectric  and  thermoelectric 
modulus  at  low  frequencies,  and  which  will  approach  asymptotically 
the  adiabatic  piezoelectric  modulus  at  high  frequencies. 

In  cavities  of  small  volume,  the  elastic  volume  changes  of  the 
crystal  (used  as  a  microphone)  due  to  an  applied  pressure,  will  in 
themselves  give  rise  to  a  pressure  superimposed  on  the  applied  pres¬ 
sure  calculated  on  the  assumption  of  no  yielding  of  the  crystal.  The 
crystal  suffers  a  volume  change  also  if  the  faces  are  not  at  the  same 
potential,  because  the  potential  difference,  Q/C,  acquired  by  the 
crystal  causes  a  piezoelectric  volume  change  by  virtue  of  the  converse 
effect,  and  likewise  will  give  rise  to  a  pressure  superimposed  on  the 
calculated  applied  pressure.  In  effect,  the  piezoelectric  modulus 
will  appear  to  be  a  function  of  cavity  volume,  if  the  crystal  volume 
changes  are  appreciable  and  due  allowance  is  not  made  for  them. 
This  will  be  called  the  volume  effect.  For  tourmaline  the  adiabatic 
compressibility  is  about  10" 12  cm2/dyne.  Therefore,  the  ratio  of 
the  pressure  caused  by  elastic  volume  change  to  the  applied  pressure 
is  less  than  10-6  for  cavity  volumes  greater  than  10  cm3  and  crystal 
volumes  less  than  4  cm3.  For  tourmaline  the  adiabatic  piezoelectric 
modulus  is  about  2.4X10-10  cm/volt.  Therefore,  the  ratio  of  the 
pressure  caused  by  piezoelectric  volume  change  to  the  applied  pres¬ 
sure  is  less  than  10-8  for  cavity  volumes  greater  than  10  cm3,  crystal 
areas  less  than  15  cm2,  and  crystal-microphone  capacitance  greater 
than  30X10-12  farad.  With  these  restrictions,  the  volume  effect  for 
a  tourmaline  crystal  used  as  a  microphone  is  completely  negligible, 
and  by  the  principle  of  reciprocity  the  volume  effect  for  a  tourmaline 
crystal  used  as  a  source  is  also  negligible,  with  the  same  restrictions. 
The  volume  effect  for  condenser  microphones  will  be  discussed  in 
section  3. 

Quartz  and  Rochelle  salt  have  no  electric  moment  under  hydro¬ 
static  pressure.  This  conclusion  is  reached  from  considerations  of 
the  crystal  symmetry  of  these  materials.  Consequently,  such  crystals 
cannot  be  used  in  the  same  way  as  tourmaline  is  used  to  obtain  an 
absolute  calibration  of  a  microphone. 


3.  APPLICATION  TO  CONDENSER  MICROPHONES 


Let  pi  (cm2  volts/dyne)  be  the  response  and  Cx  (farads)  the  capaci¬ 
tance  of  a  condenser  microphone,  I,  which  is  to  be  used  as  both  source 
and  microphone  to  calibrate  a  second  condenser  microphone,  II, 
whose  response  is  p2(cm2  volts/dyne).  The  equations  of  the  direct 
and  converse  effects  for  the  condenser  microphone  are 


Q — p\CiP 


v=107  PlCxE 


(8) 
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These  correspond  to  eq  3.  Microphone  I  is  then  used  in  exactly 
the  same  way  as  was  the  tourmaline  crystal  to  secure  an  absolute 
pressure  calibration  of  microphone  II.  That  is  to  say,  the  first  step 
is  to  obtain  the  ratio  of  the  responses,  pj/p2,  by  applying  the  same  pres¬ 
sure  to  both  microphones,  and  the  second  step  is  to  couple  micro¬ 
phone  I  (used  as  a  sound  source)  to  microphone  II  by  means  of  a  gas- 
filled  cavity  of  known  volume,  from  which  is  obtained  the  product  of 
the  responses,  px  p2.  The  final  equations  for  the  responses,  px  and  p2, 
are 


W^SKlXr.) cm!  TOlts/dy,ie 

cm2  volts/dyne 


(9) 


These  correspond  to  eq  7.  In  these  equations  V  (cm3)  is  the  volume 
of  the  cavity  in  which  microphone  /  is  used  as  a  sound  source,  B 
(dynes/cm2)  is  the  barometric  pressure  in  the  cavity,  7  is  the  ratio  of 
the  specific  heats  of  the  gas  in  the  cavity,  gj'and  e2  are,  respectively, 
the  voltage  outputs  of  microphones  /  and  II  for  the  same  applied 
pressure,  and  e'2  is  the  voltage  output  of  microphone  II  for  a  voltage 
e\  applied  to  microphone  I  when  used  as  a  sound  source  (the  two 
microphones  being  coupled  by  the  cavity  of  volume  V). 

The  condenser  microphone  diaphragm  suffers  a  volume  change  if 
the  potential  difference  between  the  diaphragm  and  back  plate  is  not 
steady,  because  the  alternating  potential  difference,  Q/C,  causes  a 
volume  change  by  virtue  of  the  converse  effect,  and  will  therefore  give 
rise  to  a  pressure  superimposed  on  the  applied  pressure  calculated  on 
the  assumption  of  no  volume  change  of  the  microphone.  The  ratio 
of  the  pressure  caused  by  this  volume  change  to  the  applied  pressure 
is  less  than  5X10-3  for  a  condenser  microphone  having  a  response 
less  than  3X10-3  cm2  volt/dyne  and  a  capacitance  less  than 
3.5X10-10  farad,  and  for  cavity  volumes  greater  than  10  cm3.  This 
part  of  the  volume  effect  was  therefore  neglected. 

The  compressibility  (admittance)  of  the  diaphragm  gives  rise  to  a 
volume  effect  which  is  not  negligible.  An  absolute  calculation  of  the 
amount  would  require  an  exact  knowledge  of  the  construction  of  the 
microphone.  In  the  absence  of  such  knowledge,  the  amount  of  the 
volume  effect  must  be  determined  experimentally  by  making  response 
measurements  at  several  different  cavity  volumes.  Unfortunately, 
at  high-frequencies  volume  effects  due  to  cavity  resonances  swamp 
those  due  to  diaphragm  compressibility,  and  there  is  no  way  of 
separating  the  two  effects.  This  means  that  a  precise  determination 
of  the  volume  effect  can  be  made  only  at  low  frequencies.  Let  the 
compressibility  of  the  diaphragm  II  be  c2(cm6/dyne) ;  that  is,  a  pressure 
of  p (dynes/cm2)  on  the  diaphragm  causes  a  volume  change  of  c2p{ cm3). 
Then  at  frequencies  less  than  the  lowest  natural  frequency  of  dia¬ 
phragm  II  the  compressibility  will  have  the  effect  of  increasing  the 
cavity  volume  which  appears  in  eq  9  from  V  to  U-f  7 Bc2.  It  is  clear 
from  the  principle  of  reciprocity  that  the  same  volume  effect  will  be 
present  when  the  microphone  is  used  as  a  sound  source.  If  cx  is  the 
compressibility  of  diaphragm  /,  then  the  total  effect  will  be  to  increase 
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the  volume  which  appears  in  eq  (9)  from  V  to  V  JryBcl-\-yBc2.  The 
quantity  yBc (cm3)  will  hereafter  be  denoted  by  «(cm3),  and  will  be 
called  the  volume  constant  of  the  microphone. 


III.  EXPERIMENTAL  RESULTS 


1.  REVERSIBILITY  OF  TRANSDUCERS 

A  “reversible”  transducer  is  one  which  satisfies  the  principle  of 
reciprocity.  A  simple  experimental  way  of  ascertaining  whether  or 
not  two  transducers  are  reversible  is  the  following.  The  transducers 
are  coupled  by  a  cavity  of  fixed  volume.  A  voltage  ex  is  applied  to 
transducer  I  (source),  and  the  corresponding  voltage  output  e'2  of 
transducer  II  (microphone)  is  measured.  Then  a  voltage  e2  is 
applied  to  transducer  II  (source),  and  the  corresponding  voltage 
output  e\,  of  transducer  I  (microphone)  is  measured.  Then  the 
over-all  coupled  system  is  reversible,  if  the  equation 


a 

Cx 


(10) 


is  satisfied,  where  C2  and  Cx  are  the  capacitances  of  transducers  II 
and  7,  respectively.  Thus  eqlO  is  a  necessary  condition  for  the  revers¬ 
ibility  of  each  transducer.  If  a  third  transducer  is  used  and  eqlO 
holds  for  each  pair  of  transducers,  this  will  be  a  sufficient  condition 
for  the  reversibility  of  each  of  the  three.  Actually,  it  will  be  entirely 
safe  to  assume  each  of  two  transducers  is  reversible  if  eqlO  holds  when 
the  two  transducers  are  coupled.  Thus  the  reversibility  of  a  trans¬ 
ducer  is  determined  experimentally  by  purely  electrical  measurements 
of  two  voltage  ratios  and  a  capacitance  ratio. 

Such  measurements  were  made  on  the  following:  A  Western  Electric 
condenser  microphone  type  394,  No.  4829  (denoted  hereafter  as 
microphone  2);  a  Western  Electric  condenser  microphone  type 
D96436,  No.  70  (denoted  hereafter  as  microphone  70);  a  tourmaline 
crystal  transducer  (denoted  hereafter  as  transducer  CD).  Trans¬ 
ducer  CD  was  made  of  black  California  tourmaline,  3.8  cm  in  diameter 
and  0.3  cm  in  thickness.  The  front  face  was  coated  with  tin  foil 
affixed  with  wax,  and  the  tourmaline  was  wrung  on  to  a  brass  block. 
The  block  was  insulated  from  the  outside  brass  block  (at  ground 
potential)  which  was  connected  to  the  tin  foil. 

The  voltage  ratios  appearing  in  eqlO  were  measured  at  various 
frequencies  by  means  of  an  attenuation  box  to  the  nearest  decibel 
and  by  means  of  an  output  meter  to  the  nearest  one-tenth  decibel. 
The  capacitances  were  separately  measured  at  1,000  c/s  (by  means  of 
a  strict  substitution  method)  with  a  variable  capacitance  calibrated 
in  the  capacitance  section  of  this  Bureau.  The  results  are  shown  in 
figure  3.  The  gases  which  were  used  with  each  pair  of  transducers 
are  indicated  in  the  legend.  The  sound  pressure  was  about  2X10-2 
dyne/cm2  with  the  tourmaline  transducer  CD  as  source,  and  about 
10  dynes/cm2  with  transducer  CD  as  microphone.  In  the  other  two 
cases  plotted  in  figure  3,  the  pressure  was  about  1  dyne/cm2. 

The  estimated  probable  error  in  20  log10  ( C2/Cx )  is  0.1  db,  and  in 
20  log10  Cile'2)  (,e'ile2)  is  less  than  0.2  db.  The  conclusion  from  the 
results  plotted  in  figure  3  is,  that  within  the  experimental  uncertainty 
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eqlO  is  satisfied.  Consequently,  condenser  microphones  2  and  70 
and  tourmaline  transducer  CD  are  reversible.  This  is  a  direct  experi¬ 
mental  proof  of  the  equality  of  the  direct  and  converse  piezoelectric 
moduli  in  tourmaline  under  hydrostatic  pressure. 

After  Lippmann’s  theoretical  proof  of  the  equality  of  the  direct 
and  converse  piezoelectric  moduli,  J.  and  P.  Curie  made  an  attempt 
to  verify  the  equality  for  the  modulus,  dn  in  quartz,  but  experimental 
difficulties  enabled  them  to  obtain  only  a  very  rough  agreement 
between  the  two  moduli.  Since  then,  H.  Osterberg  and  J.  W.  Cook- 
son  [4]  have  concluded  that  measurements  of  dn  by  some  observers 
who  used  the  direct  effect  only  have  agreed  on  the  whole  with  measure¬ 
ments  of  dn  by  other  observers  who  used  the  converse  effect  only. 


IOO  /OOO  /OOOO 
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Figure  3. — Graph  showing  reversibility  of  tourmaline  transducer  and  condenser 

microphones. 

0=20  logio  (<x/e'j)  (e'i/ei).  and  curve  A=20  logio  (Ct/Ci)  at  1,000  c/s,  for  condenser  microphone  2  and 
tourmaline  transducer  CD,  in  helium. 

(J  =20  logio  (ei/e'a)  (e'l/ea),  and  curve  B=20  logio  (C2/C1)  at  1,000  c/s,  for  condenser  microphones  2  and  70,  in 
helium. 

® =20  logio  (ei/e'2)  (e'1/ej),  and  curve  C=20  logio  (C2/C1)  at  1,000  c/s,  for  condenser  microphones  2  and  102, 
in  air. 

Because  of  variations  in  the  composition  of  tourmaline  from  dif¬ 
ferent  sources,  it  is  not  possible,  in  order  to  decide  the  equality  of  the 
two  moduli  for  tourmaline,  to  compare  the  results  of  some  observers 
who  used  the  direct  effect  only  with  the  results  of  other  observers 
who  used  the  converse  effect  only. 

2.  MICROPHONE  CALIBRATIONS 

The  reversibility  of  condenser  microphones  2  and  70  and  of  trans¬ 
ducer  CD  having  been  established,  the  principle  of  reciprocity  was 
applied  to  data  obtained  with  these  transducers  to  secure  absolute 
pressure  calibrations  of  microphones  2  and  70. 
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The  results  are  shown  in  figures  4  and  5.  The  reciprocity  calibra¬ 
tions  are  those  obtained  with  condenser  microphone  2  used  as  both 
source  and  microphone.  The  cavity  volumes  and  gases  which  were 
used  are  indicated  in  the  legends.  The  estimated  probable  error  of 
measurement  is  0.2  db.  The  volume  effects  of  the  microphone  dia¬ 
phragms  and  the  cooling  effect  of  the  walls  of  the  cavity  have  not 
been  included  in  the  responses,  which  were  computed  directly  from 
eq  9  (the  geometrical  volume  of  the  cavity  being  used  for  V ).  These 
omissions  introduce  systematic  errors  not  much  greater  than  the 
probable  error  stated  above.  The  amounts  of  these  are  deduced  in 
the  following  paragraph. 

Measurements  of  the  volume  constant,  k,  gave  k2=1.3  ±0.2  cm3, 
and  *70=0.3  ±0.2  cm3.  These  values  are  experimentally  the  same  in 
air,  hydrogen,  and  helium,  and  are  experimentally  independent  of 
whether  the  sound  source  used  in  the  measurements  is  a  thermophone, 
a  tourmaline  crystal,  or  a  condenser  microphone.  Measurements 
from  which  the  above  values  of  k  are  obtained  were  made  usually  at 
cavity  volumes  of  15,  30,  and  40  cm3.  The  fact  that  the  thermophone 
yields  the  same  value  for  k  as  does  the  other  sound  sources  is  surprising, 
since  Ballantine  [5]  has  shown  that  the  diaphragm  motion  of  a  con¬ 
denser  microphone  should  react  on  the  thermophone  foil  strips  in  such 
a  way  as  to  result  in  a  net  effect  different  for  different  gases  and  in 
any  case  much  smaller  than  the  experimental  value  found  above  for 
condenser  microphone  2.  The  value  of  k2  found  above  is  also 
somewhat  greater  than  the  value  computed  by  L.  J.  Sivian  [61  for 
microphones  of  the  same  type.  Direct  measurements  of  cos  </>  (where 
<£  is  the  phase  angle  between  the  pressure  applied  to  the  microphone 
diaphragm  and  the  voltage  output  of  the  microphone)  showed  that 
the  values  of  k2  and  /c70  are  practically  independent  of  frequency  below 
3,000  c/s.  Because  of  the  difficulty  of  measuring  k  above  about 
3,000  c/s  (although  the  results  of  the  measurements  of  cos  </>  show  that 
k2  and  k70  become  zero  at  about  6,000  c/s  and  become  negative  at 
higher  frequencies),  it  was  decided  to  make  the  reciprocity  measure¬ 
ments  at  cavity  volumes  of  40  cm3  so  as  to  keep  the  volume  effects 
small.  Omission  of  the  volume  effects  means  that  the  computed 
response  of  microphone  2  is  low  by  0.3  db  and  of  microphone  70  is 
low  by  0.1  db  below  3,000  c/s.  The  cooling  effect  of  the  walls  of  the 
cavity  must  also  be  considered.  It  is  usually  incorrectly  assumed 
that  the  temperature  variation  of  the  gas  at  the  walls  of  the  cavity 
is  zero,  on  the  grounds  that  the  thermal  conductivity  of  the  metal 
walls  is  much  greater  than  that  of  the  gas.  However,  in  a  quasi¬ 
stationary  temperature  distribution  (all  temperatures  sinusoidal  func¬ 
tions  of  the  time)  the  quantity  of  importance  is  the  thermal  diffusivity, 
which  is  the  thermal  conductivity  divided  by  the  product  of  density 
and  specific  heat.  The  thermal  diffusivities  of  brass,  air,  hydrogen, 
and  helium  are,  respectively,  at  room  temperature  and  barometric 
pressure  0.34,  0.28,  1.67,  and  1.78  cm2  sec.  From  these  values  it  can 
he  deduced  that  a  better  boundary  condition  at  the  walls  of  the  cavity 
is  that  the  rms  temperature  at  the  walls  is  one-half  the  rms  tempera¬ 
ture  in  the  gas  at  a  distance  from  the  walls.  The  inclusion  of  this 
boundary  condition  in  the  reciprocity  calibrations  raises  the  com¬ 
puted  responses  of  microphones  2  and  70  by  less  than  0.1  db,  for 
frequencies  greater  than  50  c/s  and  a  cavity  volume  of  40  cm3,  and  for 
any  of  the  three  gases  mentioned  above.  The  upshot  of  all  the  fore- 
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O  and  curve  A  reciprocity  in  hydrogen,  cavity  volume  40  cm3. 

A  reciprocity  in  air,  cavity  volume  40  cm3. 

□  reciprocity  in  helium",  cavity  volume  40  cm3. 

(>  =  electrostatic  actuator. 

•  and  curve  B= thermophone  in  hydrogen,  cavity  volume  8.5  cm3. 
A  =thermopbone  in  air,  cavity  volume  8.5  cm3. 
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Figure  5. — Calibration  graph  of  condenser  microphone  70. 

O  and  curve  A  reciprocity  in  hydrogen,  cavity  volume  40  cm3. 

A  reciprocity  in  air,  cavity  volume  40  cm3. 

□  reciprocity  in  helium,  cavity  volume  40  cm3. 

Curve  B  =  Rayleigh  disk. 

®  and  curve  C=thermophone  in  hydrogen,  cavity  volume  10.8  cm3. 

A  =  thermophone  in  air,  cavity  volume  10.8  cm3. 
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going  is  that  the  systematic  errors  introduced  into  the  reciprocity  cali¬ 
brations  by  omission  of  the  volume  effects  and  cooling  effects  amount 
to  a  lowering  of  the  response  of  microphone  2  by  0.3  db  and  of  micro¬ 
phone  70  by  0.1  db. 

The  reciprocity  calibrations  of  condenser  microphones  2  and  70 
obtained  with  the  tourmaline  transducer  CD  used  as  both  sound 
source  and  microphone  agree  (within  the  estimated  probable  error) 
with  the  reciprocity  calibrations  obtained  with  the  condenser  micro¬ 
phone  2  used  as  both  sound  source  and  microphone. 

Figure  4  shows  also  the  results  of  electrostatic  actuator  calibrations 
of  microphone  2.  The  actuator  measurements  were  made  with  a 
“solid”  grille  having  25  holes  each  0.7  mm  in  diameter  and  3  mm  long, 
and  with  a  slotted  grille  having  grille  bars  each  1.53  mm  wide  and  3 
mm  deep  and  grille  slots  each  0.88  mm  wide.  The  pressure  produced 
by  the  slotted  grille  was  computed  by  means  of  nomographs  made  for 
such  grilles  by  S.  Ballantine  [5].  The  results  with  the  slotted  grille  at 
frequencies  higher  than  1,000  c/s  are  plotted,  in  spite  of  the  presence 
of  numerous  small  “resonances”  which  appeared  in  the  output  of 
microphone  2  and  which  vitiate  the  results  at  such  frequencies. 
Below  1,000  c/s  the  electrostatic  actuator  calibrations  and  the  reci¬ 
procity  calibrations  in  air,  hydrogen,  and  helium  of  condenser  micro¬ 
phone  2  all  agree  within  the  estimated  probable  error. 

Figures  4  and  5  also  show  the  results  of  gold  foil  thermophone 
calibrations  of  condenser  microphones  2  and  70.  The  thermophone 
results  were  computed  with  the  formula  given  by  S.  Ballantine  [5], 
except  for  minor  corrections  which  will  be  presently  discussed.  The 
tliermophone  cavity  volumes  are  about  the  sizes  used  by  several 
other  observers.  The  estimated  probable  error  of  the  individual 
thermophone  determinations  below  1,000  c/s  is  0.2  db,  but  the  esti¬ 
mated  probable  error  of  the  difference  between  the  air  and  hydrogen 
calibrations  of  a  particular  microphone  is  less'  than  0.2  db.  The 
response  obtained  by  the  tliermophone  of  a  microphone  of  the  same 
type  as  No.  2  had  a  value  0.3  db  lower  in  helium  than  in  air.  It  is 
plain  that  the  thermophone  calibrations  in  air,  hydrogen,  and  helium 
disagree  among  themselves  and  disagree  with  the  reciprocity  calibra¬ 
tions  in  the  regions  of  safe  comparison  below  1,000  c/s  by  amounts 
much  greater  than  the  probable  errors  of  the  differences.  The  inclu¬ 
sion  of  the  volume  effects  will  increase  the  responses  of  both  micro¬ 
phones  2  and  70  below  3,000  c/s,  so  that  the  thermophone  calibrations 
in  air  (which  are  more  reliable  than  those  in  hydrogen  and  helium 
because  of  smaller  systematic  errors)  will  be  below  the  reciprocity 
calibrations  by  1.5  db  for  each  microphone.  This  difference  is  still 
much  greater  than  the  estimated  probable  error.  The  disagreement 
between  the  tliermophone  calibrations  in  air,  hydrogen,  and  helium 
is  unchanged  by  inclusion  of  the  volume  effects. 

The  tliermophone  formula  and  calculations  given  by  S.  Ballantine 
[5]  require  correction  because  they  are  based  on  the  assumption  of  no 
temperature  variation  in  the  gas  at  the  walls  of  the  cavity  (this  as¬ 
sumption  was  discussed  above)  and  on  the  assumption  that  com¬ 
mercial  gold  foil  lias  the  same  specific  heat  as  pure  gold.  The  specific 
heat  of  the  gold  foil,  calculated  from  the  results  of  a  chemical  assay, 
was  0.0328  cal/g°  C,  whereas  that  of  pure  gold  is  0.0313  cal/g°  C. 
The  two  corrections  are  in  opposite  directions  and  almost  nullify  one 
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another,  thus  leaving  calculations  made  from  Ballantine’s  thermo- 
phone  formula  practically  unchanged. 

Pistonphone  measurements  were  made  by  Guy  Cook  and  the  author 
on  a  condenser  microphone  of  the  same  type  as  microphone  2.  The 
measurements  were  made  between  50  and  200  c/s  in  a  cavity  of  15 
cm3  at  a  sound  pressure  of  about  5  dynes/cm2.  Air,  hydrogen,  and 
helium  were  used.  The  piston  was  driven  by  a  loudspeaker  coil, 
and  its  amplitude  of  motion  was  measured  by  means  of  an  optical 
lever  and  autocollimator.  The  amplitude  measurements  were  checked 
by  a  microscope  having  a  calibrated  graticule.  The  computed 
probable  error  of  the  pistonphone  results  was  0.3  db,  and  the  results 
agreed  with  an  electrostatic  actuator  calibration  of  the  same  micro¬ 
phone  within  the  probable  error. 

Resonant-tube  measurements  were  made  by  Guy  Cook  and  the 
author  on  the  same  condenser  microphone.  The  microphone  was 
placed  at  one  end  of  the  resonant  tube.  The  amplitude  of  motion  of 
illuminated  tobacco-smoke  particles  was  observed  (with  a  microscope 
having  a  calibrated  graticule)  at  the  central  displacement  loop  in  the 
gas  in  the  resonant  tube.  Observations  were  made  at  95  and  285  c/s 
at  a  sound  pressure  of  about  75  dynes/cm2.  The  estimated  probable 
error  of  the  resonant  tube  results  was  0.5  db,  and  the  results  agreed 
with  the  electrostatic  actuator  calibration  of  the  same  microphone 
within  the  estimated  probable  error. 

The  disk  curve  B  in  figure  5  is  placed  0.5  db  above  the  thermophone 
calibration  in  hydrogen,  and  is  the  result  of  Rayleigh-disk  and  ther¬ 
mophone  comparisons  between  300  and  1,000  c/s  on  several  other 
microphones  of  the  same  type  as  microphone  70.  The  Rayleigh- 
disk  measurements  were  made  in  the  free  field  by  Guy  Cook. 

The  conclusion  is,  that  in  the  usually  accepted  thermophone  formula 
there  are  systematic  errors  which  are  different  for  different  gases,  and 
which  are  much  greater  than  the  error  of  measurement.  The  trouble 
probably  lies  in  the  assumed  modus  operandi  of  the  thermophone. 
It  has  been  suggested  that  the  gold  foil  possibly  adsorbs  and  emits 
gas  during  each  thermal  cycle.  Another  suggestion  is,  that  viscosity 
forces  have  an  effect  on  tbe  pressure  produced  by  the  thermophone. 
The  computed  responses  in  air,  hydrogen,  and  helium  are  in  the  same 
order  as  the  viscosity  coefficients  of  these  gases. 

3.  PIEZOELECTRIC  MODULI 

The  results  of  acoustic  measurements,  based  on  the  principle  of 
reciprocity,  of  the  adiabatic  piezoelectric  modulus  d334-2c?31  of  Cali¬ 
fornia  tourmaline  are  shown  in  figure  6.  The  tourmaline  was  crystal 
CD,  which  was  used  as  both  source  and  microphone. 

The  results  of  static  testing-machine  measurements  (by  use  of  the 
direct  effect)  of  the  modulus  d33  and  Voigt’s  [1]  static  measurements 
(also  by  use  of  the  direct  effect)  on  Brazilian  tourmaline  are  also  given 
in  figure  6.  The  frequency  scale  of  the  abscissas  does  not  apply  to 
the  horizontal  lines  representing  the  static  tests;  these  lines  were 
drawn  merely  to  facilitate  comparisons  with  the  acoustic  measure¬ 
ments.  Static  measurements  yield  isothermal  moduli,  whereas  the 
acoustic  measurements  yield  adiabatic  moduli.  However,  D.  A. 
Keys  [7]  has  shown  from  thermodynamic  considerations  that  the 
difference  between  the  isothermal  and  adiabatic  moduli  is  less  than 
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0.3  percent.  Below  500  c/s  the  acoustic  measurements  do  not  yield 
the  adiabatic  modulus,  since  the  droop  in  the  measured  modulus 
d33-\-2d3l  at  low  frequencies  is  due  to  the  superposition  of  thermo¬ 
electric  effects  on  the  piezoelectric  action.  The  droop  above  3,000 
c/s  is  caused  by  cavity  resonances. 

The  testing-machine  measurements  of  the  modulus  d33  were  made  at 
loads  between  1,000  and  3,000  lb  in  a  hydraulic  testing  machine.  A 
preassigned  load  was  applied  to  a  crystal  disk  3.8  cm  in  diameter  and 
0.15  cm  thick,  and  the  electric  charge  released  from  the  crystal  on 
sudden  release  of  the  testing-machine  load  was  measured  by  a  cali¬ 
brated  ballistic  galvanometer.  A  check  of  the  experimental  setup 
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Figure  6. — Graph  of  piezoelectric  moduli  of  tourmaline. 


O  and  curve  B=acoustic  measurements  of  dn+‘Mi\  for  California  tourmaline. 

Curve  /I =static  measurements  by  Voigt  of  d33+2dji  for  Brazilian  tourmaline. 
Curve  C=static  testing-machine  measurements  of  3/33  for  California  tourmaline. 
Curve  D=static  measurements  by  Voigt  of  du  for  Brazilian  tourmaline. 


was  made  by  measuring  the  piezoelectric  modulus  du  of  quartz,  which 
is  well  known.  The  estimated  probable  error  in  the  measured  value 
of  the  modulus  d33  for  black  California  tourmaline  is  2  percent. 

The  curious  discovery  was  made  that  it  is  absolutely  essential  to 
load  the  crystal  through  rigid  (e.  g.,  steel)  bearing  blocks.  Erroneous 
results  were  obtained  when  the  tourmaline  and  quartz  were  loaded 
through  Plexiglass  (a  methacrylate  resin  of  low  modulus  of  elasticity) 
bearing  disks.  It  was  established  that  these  anomalies  were  not  due  to 
friction.  Evidently  the  crystal  is  subjected  to  thermal  actions  and  to 
large  shearing  stresses  (in  addition  to  the  compressive  stresses)  when 
loaded  through  Plexiglass  disks  in  contact  with  the  crystal,  and  these 
thermal  actions  and  shearing-stresses  cause  the  anomalous  piezo¬ 
electric  effects. 

The  following  measurements  were  made  on  California  tourmaline, 
used  as  a  sound  source,  in  addition  to  the  measurements  of  d33-{-2d3] 
given  in  figure  6.  Three  crystals  (each  3.8  cm  in  diameter  and  0.15 
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cm  thick)  cut  from  the  same  batch  of  tourmaline  had  identical  piezo¬ 
electric  moduli.  When  two  of  these  disks  were  wrung  together  with 
vaseline  so  that  the  analogous  ends  of  their  crystal  axes  pointed  in  the 
same  direction,  the  piezoelectric  modulus  was  the  same  as  that  of  a 
single  disk,  which  shows  that  the  acoustically  measured  modulus  is 
independent  of  the  crystal  thickness.  When  the  same  two  disks  were 
wrung  together  so  that  the  analogous  ends  of  their  axes  pointed  in 
opposite  directions,  the  piezoelectric  modulus  was  zero.  Each  disk 
suffered  a  volume  change  under  the  applied  voltage,  but  the  net 
volume  change  was  zero,  since  the  individual  volume  changes  differed 
in  phase  by  t.  The  piezoelectric  modulus  was  independent  of  applied 
voltage  in  the  range  from  130  to  1,300  volts.  The  foregoing  measure¬ 
ments  were  made  in  air,  between  200  and  1,000  c/s,  in  a  cavity  of 
about  20-cm3  volume.  It  is  understood  that  the  conclusions  are  valid 
only  within  the  experimental  uncertainty,  which  is  about  2  percent  of 
the  modulus  d33-{-2d3i.  In  addition,  a  determination  of  the  volume 
constant,  k,  for  a  crystal  yielded  k=0,  within  the  experimental  uncer¬ 
tainty  of  about  0.3  cm3,  which  confirms  the  theoretical  conclusion 
that  a  crystal  used  as  a  transducer  should  have  no  detectable 
volume  effect. 

A  quartz-crystal  disk,  3.6  cm  in  diameter  and  0.46  cm  thick,  having 
its  flat  faces  perpendicular  to  one  of  the  three  diagonal  axes  of  the 
quartz,  was  used  as  a  sound  source  in  a  cavity  of  about  20  cm3.  The 
measured  piezoelectric  modulus  was  about  1  percent  of  that  of  tour¬ 
maline  at  500  c/s.  At  lower  frequencies  the  disk  had  a  small  sound 
output,  evidently  due  to  electrocaloric  effects  superimposed  on  the 
piezoelectric.  The  conclusion  is,  that  within  the  experimental  uncer¬ 
tainty,  the  piezoelectric  modulus  of  quartz  under  hydrostatic  pressure 
is  zero.  This  confirms  experimentally  the  theoretical  conclusion 
reached  from  considerations  of  crystal  symmetry. 

IV.  INSTRUMENTS  AND  TECHNIQUE 

The  cavities  were  made  of  simple  geometrical  shapes  (e.  g.,  right 
circular  cylinders),  and  the  volumes  were  computed  from  measure¬ 
ments  of  the  linear  dimensions.  The  scale  and  micrometer  calipers 
used  in  these  measurements  were  compared  with  secondary  standards 
kept  in  this'  Bureau.  The  estimated  probable  error  in  the  measure¬ 
ment  of  volume  is  0.4  percent. 

The  barometric  pressure  was  measured  by  an  aneroid  barometer 
which  from  time  to  time  was  compared  with  a  mercury  barometer. 
The  estimated  probable  error  in  the  measurement  of  pressure  by  the 
aneroid  barometer  is  0.1  percent. 

Microphone  capacitances  were  measured  by  a  strict  substitution 
method.  A  variable  air  condenser,  calibrated  in  the  capacitance 
section  of  this  Bureau,  was  used  as  a  secondary  standard.  As  a 
check  on  the  technique,  a  particular  condenser  was  measured  in  both 
the  sound  chamber  and  in  the  capacitance  section.  The  estimated 
probable  error  in  capacitance  measurement  is  about  1  percent. 

Voltage  ratios  were  measured  by  means  of  an  attenuation  box  to 
the  nearest  decibel,  and  by  a  copper  oxide  rectifier  output  meter  to 
the  nearest  0.1  db.  The  attenuation  box  was  calibrated  by  compari¬ 
son  with  a  calibrated  potentiometer,  and  had  errors  less  than  0.1  db. 
The  estimated  probable  error  in  the  measurement  of  voltage  ratio  is 
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0.1  db.  The  output  meter  was  used  over  a  range  not  exceeding  0.5  db. 

Nearly  all  the  experimental  measurements  were  made  at  room 
temperatures  between  20°  and  25°  C,  and  at  barometric  pressures 
between  742  and  758  mm  Hg.  Within  these  limits  there  was  no  de¬ 
pendence  of  the  responses  of  the  condenser  microphones  on  tempera¬ 
ture  or  barometric  pressure.  Small  variations  in  the  responses  (about 
0.5  db  in  range)  seemed  to  be  entirely  random  in  character. 

Various  tricks  of  technique  were  used  to  detect  and  eliminate  spur¬ 
ious  voltages  in  the  microphone  circuit.  Such  voltages  are  the  com¬ 
monest  cause  of  trouble.  For  example,  electrostatic  coupling  between 
the  gold  foil  of  the  thermophone  and  the  high-potential  side  of  the 
tourmaline  microphone  causes  a  spurious  voltage  in  the  tourmaline- 
microphone  voltage  output.  This  will  easily  occur  because  the  volt¬ 
age  applied  to  the  thermophone  is  about  104  times  greater  than  the 
voltage  output  of  the  tourmaline  microphone.  In  another  case, 
resistance  coupling  between  the  tourmaline-crystal  sound-source 
circuit  and  the  low-potential  (ground)  side  of  the  condenser  micro¬ 
phone  causes  a  spurious  voltage  in  the  condenser-microphone  voltage 
output.  This  might  happen  because  tbe  voltage  applied  to  tbe  crystal 
source  is  about  10®  times  greater  than  the  voltage  output  of  the  con¬ 
denser  microphone.  Reversal  of  the  polarizing  voltage  on  the  con¬ 
denser  microphone  (or,  in  the  case  of  the  thermophone,  reversal  of  the 
polarizing  current)  will  change  the  phase  of  the  spurious  voltage  with 
respect  to  the  voltage  generated  [in  the  microphone  by  ir,  and  the 
voltage  output  of  the  microphone  will  not  be  independent  of  polarity 
(as  it  should  be),  if  the  spurious  voltage  is  appreciable.  In  crystal 
measurements,  [substitution  of  a  dummy  glass  (or  any  nonpiezo¬ 
electric  material)  transducer  for  the  crystal  transducer  will  readily 
reveal  spurious  voltages. 


V.  SUMMARY 

Application  of  a  general  principle  of  reciprocity  to  the  action  of  a 
piezoelectric  crystal  or  to  a  microphone  yields  absolute  pressure  cali¬ 
brations  of  another  microphone,  and  also  yields  absolute  values  of  the 
adiabatic  piezoelectric  modulus  under  hydrostatic  pressure.  Absolute 
measurements  of  a  volume,  the  barometric  pressure  and  a  capacitance 
are  needed  in  addition  to  measurements  of  two  voltage  ratios;  also,  the 
ratio  of  specific  heats  of  the  gas  used  in  the  cavity  is  required. 

Calibrations  secured  in  this  way  are  in  good  agreement  with  electro¬ 
static  actuator,  pistonphone,  and  “smoke  particle”  calibrations  of  a 
condenser  microphone.  Thermophone  calibrations  in  air,  hydrogen, 
and  helium  disagreed  among  themselves  and  with  the  reciprocity 
calibrations  of  the  same  microphones  by  amounts  much  greater  than 
the  experimental  imcertainty. 

Absolute  acoustic  measurements  of  the  adiabatic  piezoelectric 
modulus  of  black  California  tourmaline  under  hydrostatic  pressure 
gave  d33+ 2d3i—  (2.22  ± 0.06)  X10-17  coul/dyne.  It  was  experimentally 
proved  that  the  direct  and  converse  piezoelectric  moduli  d33+2d31  are 
equal,  within  the  experimental  uncertainty. 

The  following  is  a  tentative  set-up  for  securing  absolute  pressure 
calibrations  of  condenser  microphones.  A  tourmaline-crystal  source, 
calibrated  by  application  of  the  principle  of  reciprocity,  will  be  the 
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primary  standard.  A  condenser  microphone  will  serve  as  a  secondary- 
standard  source,  which  will  be  calibrated  from  time  to  time  by  the 
primary  tourmaline  standard. 

There  are  common  crystalline  household  substances  which  are 
piezoelectric  under  hydrostatic  pressure,  and  which  might  be  used  as 
sound  sources.  Such  are  sucrose  (cane  sugar)  and  tartaric  acid  (sour 
salt).  The  latter  at  room  temperatures  has  a  piezoelectric  modulus 
about  double  that  of  tourmaline. 

The  theoretical  conclusions  and  experimental  results  contained  in 
this  article  were  reported  at  the  meeting  of  the  Acoustical  Society  of 
America  in  Washington,  D.  C.,  in  April  1940.  Similar  theoretical 
conclusions  were  reached  by  W.  R.  MacLean  [8]  and  published  in  the 
July  1940  issue  of  the  Journal  of  the  Acoustical  Society  of  America. 

I  thank  Elias  Klein,  of  the  Naval  Research  Laboratory,  for  securing 
loans  of  tourmaline  and  equipment,  and  for  his  kind  help  and  en¬ 
couraging  suggestions. 
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A  simple  method  is  described  for  accurately  measuring  the  ratio 
of  the  driving  current  through  a  capacitor-type  sound  source  to  the 
open-circuit  voltage  of  a  microphone  used  as  the  sound  receptor. 
Determination  of  this  ratio  in  a  reciprocity  calibration  procedure 
eliminates  the  need  for  measurement  of  the  capacitance  of  the 
reversible  microphone. 


A  SIMPLE  technique  has  been  developed  for  accurately 
measuring  the  ratio  \E'/I' \  in  the  reciprocity  calibration 
of  oondenser  microphones,1  where  /'  is  the  driving  current  through 
the  reversible  microphone  used  as  a  sound  source,  and  E'  is  the 
open-circuit  voltage  of  the  receptor  microphone. 

Nielsen’s  method2  for  performing  this  measurement  makes  use 
of  an  auxiliary  calibrated  capacitor  through  which  the  microphone 
driving  current  flows.  The  voltage  across  this  capacitor  is  then 
observed  with  the  aid  of  a  cathode-follower  preamplifier. 

The  method  described  below  and  illustrated  schematically  in 
Fig.  1  uses  a  resistance  standard.  No  preamplifier,  other  than  one 
for  the  receptor,  is  required. 

The  shell  of  the  reversible  microphone  is  not  connected  to 
ground,  but  rather  to  one  side  of  a  calibrated  decade  resistance 
box,  R.  An  insulating  ring  and  shielded  calibrating  line3  is  used  to 
make  this  connection.  The  microphone  is  driven  from  a  signal 
generator  through  a  single-conductor  shielded  cable ;  stray  capaci¬ 
tance  across  the  microphone  terminals  is  controlled  by  means  of 
a  ground  shield.3 

Switches  1  and  2  can  be  ganged  for  convenience,  connections 
being  made  to  points  A  and  A'  in  one  position  and  points  B  and 
B'  in  the  other  position.  At  each  frequency  two  adjustments  are 
required : 

(1)  First,  the  attenuator  is  adjusted  so  that  voltmeter  V i  reads 
the  same  in  both  positions  of  switch  1.  The  position  of  switch  2 
does  not  affect  this  measurement.  The  voltage  which  appears 
across  the  output  of  the  attenuator  is  then  equal  in  magnitude  to 
the  open-circuit  voltage  E'  of  the  receptor  microphone. 

(2)  Secondly,  resistance  R  is  adjusted  so  that  voltmeter  F2  reads 
the  same  in  both  positions  of  both  switches.  The  voltage  acrcss 


SOUND  SOURCE  RECEPTOR 

(REVERSIBLE  MICROPHONE)  MICROPHONE 

\  / 


Fig.  1.  Schematic  diagram  of  the  method  for  measuring  the  ratio  | E'/l'\ . 
Polarizing-voltage  supplies  and  blocking  capacitors  were  omitted  from  the 
diagram  for  clarity. 


FREQUENCY,  CPS 

Fig.  2.  Pressure  response  of  a  Western  Electric  Company  type  640  AA 
condenser  microphone  measured  by  two  variations  of  the  reciprocity  tech¬ 
nique.  The  circles  represent  the  response  calculated  from  measurements 
of  \E'/I'\  ;  the  triangles  were  obtained  from  measurements  of  capacitance 
and  voltage-to-voltage  ratios. 

R  is  then  equal  to  \E'\.  The  ground  shields  ensure  that  the  current 
through  R  is  the  same  as  that  through  the  sound  source. 

The  desired  voltage-to-current  ratio  is  therefore 

\E’/I'\  =R.  (1) 

This  result  is  independent  of  the  attenuator  reading;  in  fact, 
the  signal  generator  output  can  be  a  function  of  switch  positions 
without  affecting  the  value  of  R. 

The  method  is  adaptable  to  both  pressure  (coupler)  and  free- 
field  calibrations.  In  a  typical  pressure  calibration  of  a  Western 
Electric  Company  type  640  AA  condenser  microphone,  the 
resistance  R  varied  from  24  350  ohms  at  50  cps  to  57.5  ohms  at  10 
kc.  The  variation  of  resistance  with  frequency  is  in  the  proper 
direction  to  minimize  the  effect  of  stray  capacitance  across  R, 
which  can  be  as  large  as  about  1000  ^farad. 

When  attenuator  readings  are  also  taken,  byproducts  are  the 
Voltage-to-voltage  ratio  appearing  in  Cook’s  formula4  and  the 
magnitude  of  the  electrical  driving-point  impedance  of  the  re¬ 
versible  microphone.  If  the  ratio  \E'/E  \  =A,  where  E  is  the 
driving  voltage,  then  from  Eq.  (1),  the  electrical  impedance  is 
\R/A\. 

A  pressure  response  curve  for  a  type  640  AA  microphone  ob¬ 
tained  by  measuring  the  voltage-to-current  ratio  is  shown  in  Fig. 
2.  For  comparison,  the  response  curve  obtained  by  capacitance 
measurements  with  a  Schering  bridge  and  the  voltage-to-voltage 
ratio  is  also  plotted. 

Miss  June  O.  Magruder  assisted  in  the  laboratory  measure¬ 
ments. 

1  W.  R.  MacLean,  J.  Acoust.  Soc.  Am.  12,  140  (1940). 

2  A.  K.  Nielsen,  Acustica  2,  112  (1952). 

3  American  Standards  Association  Standard  Z24.4-1949,  Fig.  6. 

4  R.  K.  Cook,  J.  Acoust.  Soc.  Am.  12,  415  (1941). 
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Foreword 


(This  Foreword  is  not  a  part  of  the  American  Standard  Method  for  the  Pressure  Calibration  of  Labora¬ 
tory  Standard  Pressure  Microphones,  Z24.4-1949) 

This  American  Standard  comprises  a  part  of  a  group  of  definitions,  standards,  and  specifications 
for  use  in  acoustical  work.  It  is  a  revision  of  the  American  Recommended  Practice  for  the  Calibration 
of  Microphones,  Z24.4-1938,  which  was  approved  by  the  American  Standards  Association  in  March,  1938. 
Information  concerning  the  reasons  for  publishing  this  revision  is  included  in  the  introduction  to  this 
document. 

In  May,  1932,  following  a  proposal  of  the  Acoustical  Society  of  America,  the  American  Standards 
Association  initiated  a  standardization  project  on  Acoustical  Measurement  and  Terminology  under  the 
sponsorship  of  the  Acoustical  Society  of  America,  and  with  the  following  scope: 

Preparation  of  standards  of  terminology,  units,  scales,  and  methods  of  measurement  in  the 
fields  of  acoustics  and  mechanical  vibration. 

A  committee  in  charge  of  the  work  was  organized,  and  its  organization  meeting  was  held  in  May, 
1932.  Numerous  changes  in  both  the  personnel  and  the  organizations  represented  on  this  committee 
have  been  made  since  1932.  Also,  in  May,  1942,  the  scope  of  the  work  was  extended  to  include  vibration. 
Various  subcommittees  have  been  organized  to  take  care  of  the  committee’s  program.  They  are: 
Acoustical  Terminology 
Fundamental  Sound  Measurements 
Noise  Measurement  and  Sound  Level  Meters 
Sound  Insulation  and  Sound  Absorption  Measurement 
Audiometry  and  Hearing  Aids 
Vibration  and  Shock  Measurement 

A  subcommittee  on  Underwater  Sound  Measurement  also  existed,  but  upon  completion  of  its  work 
was  discharged  in  September,  1949. 

Suggestions  for  improvement  gained  in  the  use  of  this  standard  will  always  be  welcome.  They 
should  be  sent  to  the  American  Standards  Association,  Incorporated,  70  East  45th  Street,  New  York 
17,  N.  Y. 

The  organizations  which  participated  in  this  work  and  the  names  of  their  representatives  are  as 
follows : 

Vern  0.  Knudsen,  Chairman  C.  F.  Wiebusch,  Vice-Chairman 

J.  W.  McNair,  Secretary 


Organization  Represented 

Acoustical  Society  of  America  ( Sponsor ) 


Acoustical  Materials  Association  . 

Air  Conditioning  and  Refrigerating  Machinery  Association 

American  Gas  Association . 

American  Hearing  Aid  Association . 

American  Institute  of  Electrical  Engineers . 


American  Institute  of  Physics . 

American  Medical  Association  . 

American  Otological  Society,  Inc . 

American  Physical  Society  . 

American  Society  for  Testing  Materials  ( Liaison )  . 

American  Society  of  Heating  and  Ventilating  Engineers 


Name  of  Representative 
L.  L.  Beranek 
V.  0.  Knudsen 

K.  C.  Morrical 
Gr  F.  Wiebusch 
John  S.  Parkinson 
Lyle  F.  Yep.ces 
Leonard  C.  Bastian 
William  B.  Henderson  (Alt) 
F.  E.  Hodcdon 

Fred  W.  Kranz 
P.  W.  Blye 
C.  R.  Hanna 
P.  L.  Alger 
B.  F.  Bailey  (Alt) 

Ellsworth  D.  Cook  (Alt) 

H.  M.  Turner  (Alt) 

L.  L.  Beranek 
Howard  A.  Carter 
Hallowell  Davis  (MD) 
Edmund  P.  Fowler  (MD) 
Edward  C.  Wente 

R.  E.  Hess 
T.  A.  Walters 
Paul  D.  Close  (Alt) 
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Organization  Represented 

American  Society  of  Mechanical  Engineers . 

Canadian  Standards  Association  ( Liaison )  . 

Department  of  the  Air  Force . . 

Department  of  the  Army,  Medical  Corps . 

Department  of  the  Army,  Signal  Corps . 

Department  of  the  Navy,  Bureau  of  Ships,  Code  665 


Electric  Light  and  Power  Group  . 

General  Radio  Company . 

Institute  of  Radio  Engineers . 

International  City  Managers  Association . 

Motion  Picture  Research  Council,  Inc  . 

National  Association  of  Fan  Manufacturers . 

National  Bureau  of  Standards,  U.  S.  Department  of  Commerce 
National  Electrical  Manufacturers  Association . 


Radio  Manufacturers  Association  . . , 

Hermon  Hosmer  Scott,  Inc . . 

Society  of  Automotive  Engineers  . . . . 

Society  of  Motion  Picture  Engineers 
ASA  Telephone  Group  . 


U.  S.  Public  Health  Service 
Members-at-Large  . . 


Name  of  Representative 
Raymond  V.  Parsons  (Alt) 

T.  D.  Northwood 

Harry  Schecter 

J.  Edwin  Wilson 

Colonel  Merritt  G.  Rincer 

Colonel  Austin  Lowrey,  Jr  (Alt) 

Raoul  A.  Faralla 

P.  J.  Weber 

P.  M.  Barzilaski  (Alt) 

V.  L.  Chrisler  (Alt) 

C.  K.  Smith  (Alt) 

W.  T.  Smith  (Alt) 

Arnold  P.  G.  Peterson 
E.  Dietze 

Harry  F.  Olson 
Edward  S.  Clark 
Gordon  Edwards 
Gordon  Sawyer 
R.  D.  Madison 
J.  L.  Lennon  (Alt) 

Richard  K.  Cook 
W.  E.  Pakala 

E.  J.  Erdelsky 
J.  J.  Smith 

A.  H.  Fiske,  Jr  (Alt) 

Ira  Reindel  (Alt) 

H.  C.  Werner  (Alt) 

Hugh  S.  Knowles 
H.  H.  Scott 

L.  M.  Ball 
Paul  Huber 
Frederick  C.  Schmid 

B.  C.  Burden 

G.  W.  Gilman 
A.  H.  Inglis 

C.  H.  G.  Gray  (Alt) 

Benjamin  Olney  (Alt) 
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Dohrman  H.  Byers  (Alt) 

L.  Batchelder 

Floyd  A.  Firestone 
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H.  A.  Leedy 
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Subcommittee  B  on  Fundamental  Sound  Measurement,  which  was  responsible  for  the  develop¬ 
ment  of  this  standard,  has  the  following  personnel: 
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Introduction 


The  technique  for  the  primary  calibration  of  standard  microphones  described  herein  is 
based  on  the  results  of  experience  gained  over  the  past  few  years  at  the  National  Bureau  of 
Standards,  the  Bell  Telephone  Laboratories,  and  Harvard  University.  The  technique  for  secon¬ 
dary  calibration  of  general  laboratory  microphones  by  comparison  with  standard  microphones 
will  be  developed  in  another  specification.  The  original  calibration  techniques  described  in 
American  Recommended  Practice  for  the  Calibration  of  Microphones,  Z24.4-1933,  have  been 
superseded  by  the  reciprocity  technique,  and  while  it  is  not  the  intent  to  reject  the  older 
methods  of  calibration  (use  of  thermophone,  pistonphone,  Rayleigh  disc,  etc),  it  is  believed 
that  the  methods  described  herein  represent  the  best  practice  consistent  with  the  present  state 
of  the  art.  This  relatively  new  technique  will  yield  more  accurate  results  over  a  wider  frequency 
range  than  any  of  the  older  methods,  and  in  addition  is  more  convenient  to  use  in  the  laboratory. 
Although  numerous  problems  still  exist,  particularly  at  high  audio  frequencies  in  the  free  field, 
it  is  believed  that  sufficient  progress  has  been  made  to  warrant  this  revision  and  it  is  hoped 
it  will  assist  industry  and  research  laboratories  working  on  acoustical  measurements. 
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Pressure  Calibration  of  Laboratory 
Standard  Pressure  Microphones 


1.  Scope  and  Purpose 

1.1  This  standard  describes  a  method  for  securing 
absolute  primary  calibrations  of  laboratory  standard 
pressure  microphones  as  described  in  American  Stand¬ 
ard  Specification  for  Laboratory  Standard  Pressure 
Microphones,  Z24.8-1949,  by  the  reciprocity  technique. 
Also  described  is  the  procedure  for  making  secondary 
calibrations  of  standard  microphones. 

2.  Definitions 

2.1  Open-Circuit  Voltage.  The  root-mean-square 
(rms)  open-circuit  voltage  of  a  microphone  at  a  given 
single  frequency  is  the  voltage  appearing  at  its  termi¬ 
nals  when  the  microphone  is  working  into  an  effec¬ 
tively  infinite  electrical  impedance. 

Unit:  Volt 

Note:  Substitution  Method.  The  open-circuit  voltage  of  a 
microphone  for  which  Thevenin’s  theorem  applies  is  deter¬ 
mined  by  the  following  method:  The  two  accessible  electrical 
terminals  of  a  microphone,  on  which  sound  pressure  is  acting, 
can  be  regarded  as  the  terminals  of  a  generator  having  an 
internal  electrical  impedance  connected  in  series  with  an  open- 
circuit  voltage.  The  open-circuit  voltage  is  measured  by  con¬ 
necting  a  source  of  known  and  adjustable  voltage,  in  series 
with  the  microphone  and  an  amplifier-indicator  system.  The 
microphone  diaphragm  is  terminated  acoustically  with  the 
same  impedance  when  the  calibrating  voltage  is  applied  as 
when  the  sound  field  is  applied.  The  calibrating  voltage  is 
adjusted  until  the  same  indicator  reading  is  produced  as  is 
produced  by  the  electromotive  force  generated  by  a  given  sound 
pressure  acting  on  the  microphone  diaphragm  in  the  absence 
of  the  calibrating  voltage.  The  open-circuit  voltage  is  then 
equal  in  magnitude  to  the  calibrating  voltage.  The  connection 
of  the  known  calibrating-voltage  source  to  the  microphone  adds 
an  accessible  electrical  terminal  to  the  microphone  and  cali¬ 
brating-voltage  system.  The  new  terminal  is  at  ground  potential 
(Fig.  1,  p  10)  and  serves  as  a  shield  to  fix  the  impedance  be¬ 
tween  the  terminals  of  the  microphone.  The  rms  value  of  the 
open-circuit  voltage  shall  be  expressed  in  absolute  volts.*  In 
actual  practice  a  guard  ring  such  as  that  shown  in  Fig.  6  must 
be  used. 

2.2  Pressure  Response.  The  pressure  response  of 
a  microphone  at  a  given  single  frequency  is  20  times 
the  logarithm  to  the  base  10  of  the  ratio  of  the  rms, 
open-circuit  voltage,  to  the  rms  sound  pressure  when 
the  sound  pressure  is  uniformly  applied  over  the  sur¬ 
face  of  the  pressure-sensitive  element  (diaphragm). 

*Prior  to  January  1,  1948,  the  practical  volt  accepted  in 
this  country  equalled  one  international  volt.  Since  that  date, 
however,  the  absolute  volt  has  been  adopted.  One  international 
volt  =  1.00033  absolute  volts. 


The  ratio  of  the  open-circuit  voltage  to  the  sound 
pressure  causing  it  is  generally  a  complex  number. 
The  pressure  response  is  20  times  the  logarithm  to  the 
base  10  of  the  absolute  value  of  this  complex  ratio. 

Cgs  unit:  db  relative  to  1.00  volt  dyne-1  cm2  (volt 
microbar-1) 

Mks  unit:  db  relative  to  1.00  volt  newton-1  m2 

2.3  Pressure-Response  Phase  Angle.  The  pres¬ 
sure-response  phase  angle  of  a  microphone  at  a  given 
single  frequency  is  the  phase  angle  between  the  open- 
circuit  voltage  and  the  sound  pressure  uniformly  ap¬ 
plied  over  the  surface  of  the  pressure-sensitive  element 
(diaphragm) . 

Unit:  Degrees 

2.4  Free  Field.  A  free  field  is  a  field  (wave  or  poten¬ 
tial)  in  a  homogeneous,  isotropic  medium  free  from 
boundaries.  In  practice  it  is  a  field  in  which  the  effects 
of  the  boundaries  are  negligible  over  the  region  of 
interest. 

Note:  The  actual  pressure  impinging  on  an  object  (e.g., 
electroacoustic  transducer)  placed  in  an  otherwise  free  sound 
field  will  differ  from  the  pressure  which  would  exist  at  that 
point  with  the  object  removed,  unless  the  acoustical  impedance 
of  the  object  matches  the  acoustical  impedance  of  the  medium. 

2.5  Free-Field  Voltage  Response  (Receiving 
Voltage  Sensitivity).  The  free-field  voltage  response 
of  an  electroacoustical  transducer  used  for  sound  re¬ 
ception  is  the  ratio  of  the  voltage  appearing  at  the 
output  terminals  of  the  transducer  when  the  output 
terminals  are  open-circuited  to  the  free-field  sound 
pressure  existing  at  the  transducer  location  prior  to 
the  introduction  of  the  transducer  in  the  sound  field. 

The  free-field  voltage  response  is  usually  expressed 
in  decibels,  viz,  20  times  the  logarithm  to  the  base  10 
of  the  quotient  of  the  observed  ratio  divided  by  the 
reference  ratio,  usually  1  volt  per  microbar.  The  free- 
field  response  is  defined  for  a  plane  progressive  sound 
wave  whose  direction  of  propagation  has  a  specified 
orientation  with  respect  to  the  principal  axis  of  the 
transducer. 

Cgs  unit:  db  relative  to  1.00  volt  dyne-1  cm2  (volt 
microbar-1) 

Mks  unit:  db  relative  to  1.00  volt  newton-1  m2 
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2.6  Microphone  Location.  Microphone  location  is 
a  point  in  space  fixed  with  respect  to  the  sound  source 
which  coincides  with  the  arbitrary  microphone  center 
during  calibration.  For  pressure  microphones,  this 
point  is  chosen  to  be  in  the  plane  of  the  pressure-sensi¬ 
tive  element  (diaphragm) . 

2.7  Electrical-Output  Impedance.  For  pressure  or 
free-field  calibrations,  the  electrical-output  impedance 
of  a  microphone  at  a  given  single  frequency  is  defined 
as  the  complex  ratio  of  the  voltage  applied  across  its 
electric  terminals  to  the  resulting  current. 

This  impedance  is  a  function  of  the  acoustical  im¬ 
pedance  loading  the  microphone. 

Unit:  Absolute  ohm 


2.8  Acoustical  Impedance  of  a  Microphone.  The 

acoustical  impedance  of  a  microphone  at  a  given  single 
frequency  is  the  complex  ratio  of  the  sound  pressure 
uniformly  applied  over  the  surface  of  the  pressure- 
sensitive  element  (diaphragm)  to  the  volume  velocity. 
Units:  Acoustical  ohm  (dyne  sec  cm-5) 

Note:  The  value  of  this  quantity  depends  upon  the  elec¬ 
trical  termination. 


2.9  Equivalent  Volume  of  a  Microphone.  In 

dealing  with  closed  cavity  measurements  (coupler 
measurements),  it  is  convenient  to  express  the  acous¬ 
tical  input  impedance  of  a  microphone  of  the  type 
described  in  terms  of  the  acoustical  impedance  of  an 
equivalent  volume  V e  of  a  gas  enclosed  in  a  rigid  cavity 
by  use  of  the  following  relation 


where 


Ve  =  equivalent  volume 
y  =  ratio  of  specific 
heats 

Pa  =  ambient  pressure 
to  =  2?r  f 
f  —  frequency 
Za  =  acoustical  imped¬ 
ance  of  the  micro¬ 
phone 


Cgs 

System 

Mks 

System 

cm3 

m3 

number 

number 

dyne  cm-2 

newton  m~2 

rad  sec-1 

rad  sec-1 

cps 

cps 

dyne  sec 

newton  sec 

cm'5 

nr5 

Note:  The  equivalent  volume  of  a  microphone  should  be 
specified  by  the  designer  or  the  manufacturer. 


2.10  Reversible  Microphone.  Consider  a  linear, 
passive,  electroacoustical  transducer.  Let  p  =  pressure 
applied  to  the  diaphragm  and  E  =  voltage  applied  to 
the  electric  terminals.  Both  p  and  E  are  sinusoidal  and 
of  the  same  frequency.  Let  u  =  diaphragm  volume 


velocity,  and  i  =  current  through  the  electric  termi¬ 
nals.  The  equations  of  the  transducer  are 


zui  +  Z12U  =  E 
z2\i  +  Z22U  =  p 


(Eql) 


where  2-22  is  the  acoustical  impedance  looking  into  the 
transducer  when  the  electric  terminals  are  open,  and 
zn  is  the  electrical  impedance  looking  into  the  trans¬ 
ducer  when  the  mechanical  motion  is  stopped  (dia¬ 
phragm  blocked) .  The  transducer  is  said  to  be  revers¬ 
ible  if  the  transduction  coefficients  Z12  and  z 21,  when 
expressed  in  a  consistent  system  of  units,  are  such  that 
|  Z12  |  =  |  z 21  |- 


3.  Primary  Calibration 

3.1  General.  The  primary  calibration  technique  is 
based  on  an  application  of  the  reciprocity  principle  to 
a  microphone  which  is  reversible. 

3.2  Pressure  Calibration.  Let  eb  and  ec'  be  the 
open-circuit  voltages  of  microphones  B  and  C,  respec¬ 
tively,  when  the  same  sound  pressure  p  in  dynes  cm-2 
is  applied  to  the  microphones.  Let  pb  be  the  complex 
ratio  of  eb/p,  and  Zb  the  electrical-output  impedance  in 
ohms  of  the  reversible  microphone  B  which  is  used 
both  as  a  sound  source  and  as  a  microphone  to  cali¬ 
brate  microphone  C.  Similarly,  let  pc  be  the  complex 
ratio  ec'/p  of  microphone  C. 

Since  microphone  B  is  reversible,  its  transduction 
coefficients  and  ZU 1  for  the  mixed  system  of  units 

comprised  of  absolute  electrical  and  cgs  acoustical 
units  are  related  by 


B\2  —  10  7 .621^^ 


where 

e=  the  base  of  natural  logarithm 

j  =  V  — 1 


/?  =  a  real  number 


First  obtain  the  ratio  pb/pc  by  applying  the  same 
sound  pressure  p  to  both  microphones  and  measuring 
the  ratio  of  the  output  voltages  eb/ec'.  Then 


Pb  _  g?) 
pc  ec 


(Eq2) 


This  ratio  is  obtained  by  placing  microphones  B  and 
C  in  succession  in  the  lower  wall  of  a  coupler,  a  typical 
one  of  which  is  shown  in  Fig.  4  (p  12) .  A  third  micro¬ 
phone,  placed  in  the  upper  wall  of  the  cavity,  serves  as 
a  source  of  sound  of  adjustable  frequency. 

Second,  use  microphone  B  as  a  source  of  sound,  and 
microphone  C  as  a  microphone.  By  application  of  the 
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reciprocity  piinciple  to  microphone  B,  the  volume 
velocity  ub  in  cm3  per  second  of  the  diaphragm  of 
microphone  B  due  to  a  voltage  Eb"  applied  to  the 
microphone  is 

ub  =  10 7e~’PpbEb"  /Zb 


The  sound  pressure  due  to  the  volume  velocity  ub  of 
microphone  B  is 


P 


n 


yP  allb 


(Eq3) 


where 

p"  =  sound  pressure  in  dynes  per  cm2  due  to  vol¬ 
ume  velocity  of  microphone  B 
y  =  ratio  of  the  specific  heats  of  the  gas  in  the 
cavity  (at  25  C  and  1  atmosphere  for  air 
y  =  1.402;  for  hydrogen  y  =  1.408) 

Pa  =  ambient  static  pressure  in  the  cavity  in  dynes 
per  cm2 

w  =  277-/,  /  —  frequency  in  cycles  per  second 
V  =  volume  of  coupler  cavity  in  cm3 


Let  ec"  be  the  open-circuit  voltage  of  microphone  C 
due  to  the  sound  pressure  p"  produced  by  microphone 
B  when  voltage  Eb"  is  applied  to  it.  Combination  of 
the  equations  above  yields 


lO-7jo>ZbV 

pbPc  —  - P  - 

yPa 


(Eq  4) 


Simultaneous  solution  of  Equations  (2)  and  (4)  re¬ 
sults  in  the  following  values  of  pb  and  pc. 


Pb  =  = 


10  ~7jioZhV 
y  Pa 


eb  e"  .p  cm2  volts 
ec'  Eb"  £  dynes 


Pc  = 


10~7ja)ZbV  ej_ 
eb 


y 


Pa 


cm2  volts 
dynes 

(Eq  5) 


The  pressure  responses  are  20  logi0  |  pb  |  and  20  logio 
[  pc  j  in  db  relative  to  1  volt  dyne-1  cm2.  The  pressure- 
response  phase  angle  for  the  microphone  is  the  phase 
angle  of  pb  or  pc  expressed  in  degrees. 


3.3  Correction  Factors.  In  the  derivation  of  Equa¬ 
tion  (3)  above,  it  is  assumed  that  the  acoustical  im¬ 
pedance  of  the  volume  V  is  negligibly  small  with  re¬ 
spect  to  the  acoustical  impedances  of  the  transducer 
diaphragms  and  can  be  calculated  from  the  simple  rela¬ 
tionship,  yPa/  (jwV) .  Such  a  simple  relationship  only 
exists  if  (a)  there  is  no  appreciable  change  in  the  im¬ 
pedance  because  of  the  presence  of  the  capillary  tubes 
used  for  admitting  the  hydrogen,  if  (6)  the  ratio  of  the 
volume  of  the  cavity  to  the  product  of  its  surface  area 
times  the  square  root  of  the  wavelength  is  a  sufficiently 
large  quantity  so  that  heat  conduction  at  the  sidewalls 


can  be  neglected,  and  if  (c)  the  maximum  dimensions 
of  the  cavity  are  small  relative  to  the  wavelength  of 
sound.  If  conditions  (a),  (6),  or  (c)  are  violated 
singly  or  together  the  value  of  the  acoustical  imped¬ 
ance  is  not  equal  exactly  to  y Pa/ jwV. 

3.3.1  Capillary  Correction.  The  acoustical 
impedance  Zc  of  two  capillary  tubes  of  equal  length  in 
parallel  is  given  by  the  relation 


Zc 

where 


4 TTTjd 

M5 


j  acoustical  ohms  (Eq6) 


r)  =  coefficient  of  viscosity  in  poise  (at  25  C  and 
1  atmosphere  for  air  rj  =  187  X  10“6;  for 
hydrogen  77  =  88.6  X  10-6) 
d  =  length  of  each  of  the  capillary  tubes  in  cm 
r  =  radius  of  each  of  the  capillary  tubes  in  cm 
p  =  density  in  gms  per  cm3  (at  25  C  and  1  atmos¬ 
phere  for  air  p  =  1.185  X  10~3;  for  hydro¬ 
gen  p  =  0.082  X  10-3) 


The  impedance  of  the  capillaries  shunts  the  imped¬ 
ance  due  to  the  cavity  volume  resulting  in  an  effective 
cavity  impedance  denoted  by  ZT  given  by 


yPa  _ Zc _ 

jwV  Zc  +  y Pa/ju)V 


(Eq  7) 


To  allow  for  the  impedance  of  the  capillaries, 
yPa/jwV  in  Equation  (5)  should  be  replaced  by  ZT. 
This  would  add  to  the  pressure  response  20  log10(p) 
the  term 

10  log10  |  1  +  y PJjwVZc  |  db  (Eq  8) 

The  phase  angles  of  Equation  (5)  should  be  cor¬ 
rected  by  subtracting  from  them  one-half  of  the  phase 
angle  of  the  quantity  inside  the  brackets  of  Equation 
(7). 

3.3.2  Heat  Conduction  Correction.  The  cor¬ 
rection  term  “A”  in  decibels  and  the  phase  angle  in 
degrees  necessary  to  include  the  effects  of  heat  con¬ 
duction  at  the  walls  of  the  cavity  are  plotted  graph¬ 
ically  in  Fig.  2  (p  11).  The  meanings  of  the  symbols 
are  indicated  on  the  graphs. 

3.3.3  Equivalent  Microphone  Volume  Cor¬ 
rection.  If  the  equivalent  volume  of  the  microphone 
exceeds  approximately  ^  percent  of  the  volume  V  of 
the  coupler  cavity,  twice  the  equivalent  volume  of  the 
microphone  should  be  added  to  the  value  of  V  in 
Equation  (5). 

3.3.4  Wave-Motion  Correction.  The  correction 
due  to  wave  motion  to  be  added  to  20  logio  |  p  |  ob¬ 
tained  from  Equation  (5)  is  given  by  10  logio  rw/r/w 
where  rw  is  the  ratio  of  the  voltage  applied  to  the  sound 
source  to  the  open-circuit  voltage  generated  by  the 
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microphone  and  rfw  is  what  this  ratio  would  be  were 
the  cavity  free  from  wave  motion.  The  correction  can 
be  determined  by  measuring  the  above  voltage  ratio 
with  the  coupling  cavity  filled  with  air  in  one  case  and 
with  hydrogen  in  another.  The  correction  for  air  in 
the  chamber  is  then  obtained  by  letting  the  voltage 
ratio  for  air  equal  rw  and  the  voltage  ratio  for  hydro¬ 
gen  (with  the  effects  of  differences  in  thermal  conduc¬ 
tivities,  capillary  impedances,  and  ratios  of  specific 
heats  between  air  and  hydrogen  discounted),  equal  to 
rfw.  The  correction  for  the  cavity  filled  with  hydrogen 
is  the  same  as  that  for  air  with  the  frequency  scale 


shifted  by  the  ratio  of  the  velocity  of  sound  in  hydro¬ 
gen  to  that  in  air.  At  the  higher  frequencies,  the  differ¬ 
ence  in  the  voltage  ratios  thus  obtained  may  not  give 
the  complete  correction,  since  some  wave  motion  may 
exist  for  the  chamber  filled  with  hydrogen. 

The  wave  motion  correction  is  a  function  of  the 
chamber  dimensions.  The  ratio  of  the  diameter  to  the 
length  of  the  chamber  of  Fig.  4  (p  12)  is  near  the 
optimum  for  best  chamber  performance.  When  filled 
with  hydrogen  at  25  C  and  one  atmosphere,  the  wave- 
motion  correction  for  this  chamber  is  less  than  ±  0.1 
db  up  to  15  kc. 


Fig.  1 

Technique  of  Introducing  Calibrating  Voltage 
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kVT  /fi  296  v. 

"*  76  T  S 


Fig.  2 

Chart  for  Determining  Heat  Conduction  Correction  for  Couplers 


50  100  200  500  1000  2000  5000  10,000  20,000 

FREQUENCY  in  cycles  per  second 


Fig.  3 

Free-Field  Responses  Minus  Pressure  Response  for  a  Type-L  Laboratory  Standard  Pressure 
Microphone  when  Attached  to  a  Mounting  as  Shown  in  Fig.  5 
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NOT  MORE  THAN  100  GRAMS  FORCE 


NOT  MORE  THAN  100  GRAMS  FORCE 


Fig.  4 

Typical  Cavity  for  Reciprocity  Calibration  of 
Type-L  Laboratory  Standard  Microphones 
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Fig.  5 

Outline  Drawing  of  Type-L  Laboratory  Standard  Microphone  and  Preamplifier 
Used  in  Obtaining  Data  of  Table  1  and  Fig.  3 
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Appendix 


This  Appendix  is  not  a  part  of  the  American  Standard  Method  for  the  Pressure  Calibra¬ 
tion  of  Laboratory  Standard  Pressure  Microphones,  Z24.4-1949,  but  is  included  to  aid  users 
of  the  standard. 


A1  Secondary  Pressure  Calibration.  A  standard 
microphone  whose  pressure  response  is  not  known  is 
calibrated  by  comparison  with  another  standard  micro- 
ph  one  which  has  a  known  primary  pressure  calibra¬ 
tion.  The  comparison  is  made  by  placing  the  micro¬ 
phones  in  succession  in  the  lower  wall  of  a  coupler  such 
as  that  shown  in  Fig.  4  (p  12).  A  third  microphone, 
placed  in  the  upper  wall  of  the  cavity,  serves  as  a 
source  of  sound  of  adjustable  frequency.  The  differ¬ 
ences  of  the  pressure  responses  are  obtained  from 
po/ pi,  which  is  computed  as  in  3.2,  Equation  (2). 

A2  Plane-Wave  Free-Field  Calibration.  The 

method  cf  making  free-field  calibration  is  beyond  the 
scope  of  this  standard.  However,  for  the  convenience 
of  the  users  of  this  standard,  information  is  given  in 
Table  1  and  Fig.  3  (p  11)  which  permits  the  determi¬ 
nation  of  the  plane-wave  free-field  calibration  of  a 
Type-L  laboratory  .  standard  pressure  microphone 
when  attached  to  the  mounting  shown  in  Fig.  5  (p  13) . 
The  differences  obtained  by  subtracting  the  pressure 
response  from  the  free-field  response  for  both  the  case 
in  which  the  approximate  plane  wave  is  propagated 
in  the  same  direction  as  the  inward  normal  to  the 
diaphragm  and  the  case  in  which  the  propagation  is 
parallel  to  the  diaphragm  are  given  in  Table  1.  In  Fig. 
3  are  given  curves  plotted  from  these  values.  Free-field 
responses  may  be  obtained  by  adding  these  values  to 
the  pressure  response. 

A3  Reciprocity  Pressure  Calibration  Formula 
which  Includes  the  Acoustical  Impedances  of 
the  Transducer  Diaphragm.  The  analysis  of  3.2, 
Pressure  Calibration,  is  simplified  by  assuming  that 
the  acoustical  impedance  of  the  coupling  chamber  is 
negligibly  small  compared  to  that  of  the  transducer 
diaphragms  and  that  the  impedance  of  the  chamber  is 
given  by  y Pa/ja>V.  In  the  analysis  below  neither  of 
these  assumptions  is  made  but  it  is  assumed  that  the 
wavelength  of  sound  is  so  large  that  uniform  pressure 


exists  throughout  the  chamber.  The  formulas  derived 
here,  therefore,  require  no  corrections  due  to  (a)  the 
finite  values  of  the  diaphragm  impedances,  (6)  capil¬ 
lary  leaks,  and  (c)  heat  conduction  to  chamber  walls. 
However,  if  wave  motion  exists,  a  corresponding  cor¬ 
rection  must  be  applied. 

The  measurements  on  which  this  analysis  is  based 
are  the  same  as  those  of  3.2,  Pressure  Calibration. 
Three  transducers  A,  B,  and  C  are  used.  Two  trans¬ 
ducers  at  a  time  are  coupled  to  the  chamber  and  at  each 


Table  1 

Differences  of  Free-Field  Response  Minus  Pres¬ 
sure  Response  for  a  Type-L  Laboratory  Standard 
Pressure  Microphone  Having  the  D'mensicns  and 
Mounting  of  Fig.  5  (p  13) 


Frequency 

cps 

Free-Field  Response  Minus  Pressure 
Response  in  db 

Sound  propagated 
perpendicular  to 
diaphragm 

Sound  propagated 
parallel  to 
diaphragm 

300 

0.0 

— 

500 

0.1 

0.0 

700 

0.2 

— 

1000 

0.3 

0.0 

1500 

0.5 

— 

2000 

0.9 

0.2 

2500 

1.5 

— 

3000 

2.2 

0.3 

4000 

3.5 

0.5 

5000 

4.9 

1.1 

6000 

6.5 

1.5 

6500 

7.3 

— 

7000 

7.9 

2.2 

7500 

8.4 

— 

8000 

8.8 

1.9 

9000 

9.2 

1.5 

10000 

9.4 

0.7 

11000 

9.4 

— 

12000 

9.2 

— 

13000 

8.9 

— 

14000 

8.4 

— 

15000 

7.9 

— 

908/15 


APPENDIX  TO  METHOD  FOR  THE  PRESSURE  CALIBRATION  OF 


frequency  of  measurement  the  ratio  of  the  open-circuit 
voltage  generated  by  one  to  the  voltage  applied  to  the 
other  is  measured.  Three  such  measurements  are  made 


as  follows: 

Measurement 

Sound 

Source 

Transducer 

Microphone 

Transducer 

Ratio 

Measured 

1 

A 

B 

€  b/ E  a 

2 

A 

C 

ec'/Ea' 

3 

B 

C 

ec’/Eb" 

The  small  e’s  represent  the  open-circuit  voltages  and 
the  large  £”s  represent  applied  voltages. 

The  electrical  impedance  loading  the  transducers, 
when  used  as  microphones,  is  represented  by  Z\.  The 
acoustical  impedance  of  the  chamber,  with  both  trans¬ 
ducer  diaphragms  blocked,  is  represented  by  Zv.  Zv 
includes  such  effects  as  the  shunt  impedance  of  the 
capillary  tubes  and  the  reduction  in  impedance  due  to 
heat  conduction  to  the  chamber  walls.  The  impedance 
elements  of  transducer  A  are  defined  below.  Corre¬ 
sponding  symbols  with  6  and  c  replacing  a  apply 
respectively  to  transducers  B  and  C. 

an  =  the  electrical  impedance  with  the  diaphragm 
blocked 

ai2  =  a  transduction  coefficient  and  equals  the  nega¬ 
tive  of  the  ratio  of  the  generated  open-circuit 
voltage  to  the  volume  velocity  applied  to  the 
diaphragm 

021  =  the  other  transduction  coefficient  and  equals 
the  negative  of  the  ratio  of  the  effective  gen¬ 
erated  blocked  pressure  to  the  current  applied 

022  =  the  acoustical  impedance  of  the  diaphragm 
with  the  electrical  terminals  open  circuited 
ua  =  the  volume  velocity  of  the  diaphragm 

The  equations  of  motion  for  Measurement  1  are 


I  a@  llTltaOi2  — Ea 

fa®21  T  Ug  (O22  T  Zip')  UbZv  ==  0 

—  UaZv  4-  Ub  ( Zv  +  622  )  +  *6^21  =0 

+  066i2  +  4(6u+Z;)  =0 

(Eql) 


It  is  assumed  that  the  system  of  units  being  used  is 
consistent  and  that  transducer  B  is  reversible,  there¬ 
fore,  we  have 

612  —  621^  (Eq  2) 

where 

/?  =  a  real  number 
e  =  the  base  of  natural  logarithm 

The  open-circuit  voltage  generated  by  transducer  B  is 
given  by 

eb  =  lim  ib  Zi 

Zt  — >  00  (Eq  3) 

Solving  Equation  ( 1 )  for  ib  and  taking  the  limit  gives 


The  second  term  in  brackets  is  the  acoustical  imped¬ 
ance  of  the  chamber  in  parallel  with  the  open-circuit 
acoustical  impedances  of  transducers  A  and  B.  Let  this 
impedance  be  denoted  by  Zvab.  The  denominator  of 
the  third  term  in  brackets  is  the  electrical  impedance  of 
transducer  A  with  transducer  B  open-circuited.  Denote 
this  impedance  by  Zavb.  Using  these  symbols  Equation 
(4)  becomes 

eb/Ea  —  (021612/022622)  (Z  vab/ Zavb  ) 

(Eq  5) 

Similar  equations  for  measurements  2  and  3  are 

Zc /Ea  =  (O21C12/022C22)  (Z  vac  /z  avc ) 

(Eq  6) 

ec"/Eb"  =  (621C12/&22O22)  ( Zvbc/Zbvc ) 

(Eq  7) 

A  simultaneous  solution  of  Equations  (5),  (6),  and 
(7)  gives 


612621  (e*)  (Ea/)  (e/_)  JZ  vac)  ( ZavbZbv0 ) 

~(T7)  UT)  W)  (Z^/Z  vbc)  (Z  avc ) 

(Eq  8) 

The  ratio  of  the  open-circuit  voltage  generated  by  B 
to  the  open-circuit  pressure  applied  to  its  diaphragm 
may  be  obtained  from  the  definitions  of  612  and  622 
and  is  given  by 

pb—  612/  622  (Eq9) 

Similarly 

Pc—  C12/C22  (Eq  10) 

From  Equations  (2),  (8),  and  (9)  we  have 


__  I  ( eb )  (Eg)  ( e c"  )  (Zv ac)  ( ZavbZbvc )  \ % 
n~~\(E')(ec')(Eb")(ZMZ„ s.)  (2.,o)  '  I 

(Eq  11) 

In  a  similar  manner  we  may  obtain  from  Equations 
(2),  (5),  (6),  (7),  and  (10) 


pc 


(Eg)  ( ecr )  ( ec”  )  (Zvab)  (ZavcZbvc)  \ % 

(eb)  (Eg')  ( Eb ")  (ZvacZvbc)  (Zavb)  ) 

(Eq  12) 


Equations  (11)  and  (12)  reduce  to  the  expression  of 
Equation  (5)  of  3.2,  for  the  following  conditions  in 
combination;  (a)  if  the  impedances  of  the  diaphragms 
are  high  relative  to  the  chamber  impedance;  (b)  if 
the  chamber  impedance  can  be  expressed  by  y PJ jwV ; 
(c)  when  the  acoustical  terms  are  in  cgs  units  and  the 
electrical  terms  are  in  absolute  units  and  (d)  if  Ea' 
equals  Ea". 


A4  Miscellaneous  Remarks.  The  coupler  used  for 
calibration  consists  basically  of  a  cavity  having  a  right, 
circular,  cylindrical  shape.  The  ratio  of  the  diameter  of 


1 021612! 

/  022622Z1)  \ 

1  1  ) 

\  022622/ 

\  022622  "b  022^  +  622^  / 

\a1i—a12a2i/[a22  +  b22Zv/(b22+Zv)]J 

(Eq  4) 
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the  cavity  to  its  height  should  be  approximately  3.5  if 
freedom  from  wave-motion  corrections  is  desired  over 
a  wide  range.  (See  typical  coupler  shown  in  Fig.  4, 
p  12.)  The  volume  of  the  cavity  is  large  enough  so  that 
the  absolute  value  of  its  acoustical  impedance  is  at  most 
2  percent  of  the  absolute  value  of  the  acoustical  imped¬ 
ance  of  the  microphone  diaphragm  of  a  Type-L  lab¬ 
oratory  standard  pressure  microphone  (see  American 
Standard  Specification  for  Laboratory  Standard  Pres¬ 
sure  Microphones,  Z24.8-1949,  Table  1). 

In  making  measurements  at  frequencies  between 


50  and  3000  cps,  the  cavity  of  the  coupler  shown  in 
Fig.  4  (p  12)  is  filled  with  air.  For  frequencies  higher 
than  3000  cps,  the  cavity  should  be  filled  with  pure 
hydrogen  at  barometric  pressure. 

The  electrical-output  impedance  Z i  of  a  microphone 
can  be  measured  by  means  of  a  suitable  bridge.  A 
Wagner  grounded  Schering  bridge  has  been  found 
suitable  for  this  purpose  when  the  impedance  is  mainly 
capacitative.  The  ground  shield  of  the  microphone 
(see  Figs.  1,  4,  and  6)  is  connected  to  ground  when 
the  microphone  is  measured  in  such  a  bridge. 
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Architects  and  Marine  Engineers  (New  York,  N.  Y.  )  34,  55  (1926). 

Compressive  strength  of  column  web  plates  and  wide  web  columns,  R.  S. 
Johnston.  Tech.  Pap.  BS  20,  733  (1926)  T327. 

Tests  of  large  columns  with  H- shaped  section,  L.  B.  Tuckerman  and  A.  H. 
Stang.  Tech.  Pap.  BS21,  1  (1926).  T328. 

Stresses  in  a  rail  due  to  a  falling  weight,  A.  H.  Stang.  J.  Am.  Welding 
Soc.  6,  No.  3,  64  (1927). 

The  strength  of  solid  and  hollow  walls  of  brick,  A.  H.  Stang.  Ceramic  Age 
10,  No.  6,  198  (1927);  Architect,  Builder  and  Industrial  News,  4,  No.  7, 
141  (1928);  Building  Economy,  4,  No.  1,  20  (  1928). 

Strength  of  interlocking- rib  tile  walls,  A.  H.  Stang,  D.  E.  Parsons,  and 
A.  B.  McDaniel.  Tech.  Pap.  BS22,  389  (1928)  T366. 
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The  effect  of  strength  of  brick  on  compressive  strength  of  brick  masonry, 

J.  W.  McBurney.  Proc.  Am.  Soc.  Testing  Materials  28,  Pt.  II,  605 

(1928). 

Compressive  strength  of  clay  brick  walls,  A.  H.  Stang,  D.  E.  Parsons, 
and  J.  W.  McBurney.  BS  J.  Research  3,  507  (1929)  RP108. 

Transverse  tests  of  H-section  column  splices,  J.  H.  Edwards,  H.  L. 
Whittemore,  and  A.  H.  Stang.  BS  J.  Research  4,  395  (1930)  RP157; 

J.  Am.  Welding  Soc.  9,  7  (1930). 

Test  of  composite  beams  and  slabs  of  hollow  tile  and  concrete,  D.  E. 
Parsons  and  A.  H.  Stang.  BS  J.  Research  4,  815  (1930)  RP181. 

Compressive  tests  of  bases  for  subway  columns,  J.  H.  Edwards,  H.  L. 
Whittemore,  and  A.  H.  Stang.  BS  J.  Research  5,  619  (1930)  RP218; 

J.  Am.  Welding  Soc.  10,  20  (1931). 

Strength  of  welded  shelf  angle  connections,  J.  H.  Edwards,  H.  L.  Whitte¬ 
more,  and  A.  H.  Stang.  BS  J.  Research  5,  781  (1930)  RP230;  J.  Am. 
Welding  Soc.  10,  29  (1931). 

Report  of  structural  steel  welding  committee.  Am.  Bureau  Welding 
(1931). 

Inspection  service  for  welded  structures  seen  as  need,  H.  L.  Whittemore. 
Steel  88  (1931);  Welding  Engineer  16,  49  (1931). 

Stress  distribution  welded  steel  pedestals,  J.  H.  Edwards,  H.  L.  Whitte¬ 
more,  and  A.  H.  Stang.  BS  J.  REsearch  5,  803  (1930)  RP232;  J.  Am. 
Welding  Soc.  10,  46  (1931). 

Strain  measurement  in  the  reinforcement  for  the  dome  of  the  Natural  History 
Building,  W.  C.  Lyons,  H.  L.  Whittemore,  A.  H.  Stang,  and  L.  R. 
Swreetman.  BS  J.  Research  6,  183  (1931)  RP268. 

Compressive  tests  of  jointed  H-section  steel  columns,  J.  H.  Edwards, 

H.  L.  Whittemore,  and  A.  H,  Stang.  BS  J.  Research  6,  305  (1931) 

RP277. 

Tests  of  cellular  sheet-steel  flooring,  H.  L.  Whittemore  and  J.  M.  Frank- 
land.  BS  J.  Research  9,  131  (1932)  RP463;  J.  Am.  Welding  Soc.  12,  4 
(1933). 

Final  report  committee  on  welded  rail  joints.  Am.  Bureau  Welding  (1932). 
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The  areas  and  tensile  properties  of  deformed  concrete  reinforcement 
bars,  A.  H.  Stang,  L.  R.  Sweetman,  and  C.  Gough.  BS  J.  Research 
9,  509  (1932)  RP486. 

Column  curves  and  stress- strain  diagrams,  W.  R.  Osgood.  BS  J.  Re¬ 
search  9,  571  (1932)  RP492. 

Shear  tests  of  reinforced  brick  masonry  beams,  D.  E.  Parsons,  A.  H. 

Stang  and  J.  W.  McBurney.  BS  J.  Research  9,  749  (1932)  RP504. 

Wind  bracing  connection  efficiency,  W.  R.  Osgood.  Discussion.  Proc. 

Am.  Soc.  Civil  Engineers  (New  York  18,  N.  Y.  )  58,  675  (1932). 

Compressive  strength  of  steel  columns  incased  in  brick  walls,  A.  L.  Harris, 
A.  H.  Stang,  and  J.  W.  McBurney.  BS  J.  Research  10,  123  (1933) 

RP520. 

Test  of  a  flat  steel  plate  floor  under  load,  L.  B.  Tuckerman,  A.  H.  Stang, 
and  W.  R.  Osgood.  BS  J.  Research  1Z,  362  (1934)  RP662. 

Neutral  axis  in  a  reinforced  concrete  member  subjected  to  combined 
stress,  W.  R.  Osgood.  Civil  Eng.  4,  No.  10,  546  (1934). 

Stresses  in  space  structures,  W.  R.  Osgood.  Discussion.  Proc.  Am. 

Soc.  Civil  Engineers  60,  1085  (1934). 

Tests  of  Mesnager  hinges,  D.  E.  Parsons  and  A.  H.  Stang.  J.  Am.  Con¬ 
crete  Inst.  6,  304  (1935). 

The  double-modulus  theory  of  column  action,  W.  R.  Osgood.  Civ.  Eng. 

5,  No.  3,  173  (1935). 

Rational  design  of  steel  columns,  W.  R.  Osgood  Discussion.  Proc.  Am. 

Soc.  Civil  Engineers  61,  No.  3,  391  (1935). 

Test  of  steel  tower  columns  for  the  George  Washington  Bridge,  A.  H. 

Stang  and  H.  L.  Whittemore.  J.  Research  NBS  15,  317  (1935)  RP831. 

Accelerated  service  test  of  pintle  bearings,  A.  H.  Stang  and  L.  R.  Sweet- 
man.  J.  Research  NBS  15,  591  (1935)  RP854. 

Some  tests  of  steel  columns  incased  in  concrete,  A.  H.  Stang,  H.  L. 
Whittemore,  and  D.  E.  Parsons.  J.  Research  NBS  16,  265  (1936) 

RP873. 

Tests  of  eight  large  H- shaped  columns  fabricated  from  carbon  manganese 
steel,  A.  H.  Stang,  H.  L.  Whittemore,  and  L.  R.  Sweetman.  J.  Re¬ 
search  NBS  16,  595  (1936)  RP896. 
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Tests  of  steel  chord  members  for  the  Bayonne  Bridge,  A.  H.  Stang, 

Ho  L.  Whittemore,  and  L.  R.  Sweetman.  J.  Research  NBS  16,  627 
(1936)  RP897. 

Strength  of  a  riveted  steel  rigid  fjame  having  straight  flanges,  A.  H» 
Stang,  M.  Greenspan,  and  W.  R.  Osgood.  J.  Research  NBS  21,  269 
(1938)  RP1130. 

Strength  of  a  riveted  steel  rigid  frame  having  a  curved  inner  flange,  A.  H. 
Stang,  M.  Greenspan,  and  W.  R.  Osgood.  J.  Research  NBS  21,  853 
(1938)  RP1161. 

Heterostatic  loading  and  critical  astatic  loads,  L.  B.  Tuckerman.  J.  Re¬ 
search  NBS  22,  1  (1939)  RP1163. 

A  theory  of  flexure  for  beams  with  non-parallel  extreme  fibers,  W.  R. 
Osgood.  Trans.  Am.  Soc.  Mech.  Engrs.  61,  A-122  (1939). 

Strength  of  a  welded  steel  rigid  frame,  A.  H.  Stang  and  M.  Greenspan. 

J.  Research  NBS  23,  145  (1939)  RP1224. 

Steel  rigid  frames,  W.  R.  Osgood.  Discussion.  Proc.  Am.  Soc.  Civil 
Engineers  67,  472  (1941). 

Stresses  in  a  rectangular  knee  of  a  rigid  frame,  W.  R.  Osgood.  J.  Re¬ 
search  NBS  27,  443  (1941)  RP1431. 

Refinement  in  design  to  conserve  materials,  W.  R.  Osgood.  Eng.  News- 
Record  128,  No.  17,  58  (1942). 

Perforated  cover  plates  for  steel  columns:  Program  and  test  methods, 

A.  H.  Stang  and  M.  Greenspan.  J.  Research  NBS  28,  669  (1942) 
RP1473. 

Perforated  cover  plates  for  steel  columns:  compressive  properties  of 
plates  having  ovaloid  perforations  and  a  width-to-thickness  ratio  of  40, 

A.  H.  Stang  and  M.  Greenspan.  J.  Research  NBS  28,  687  (1942) 
RP1474. 

Perforated  cover  plates  for  steel  columns:  compressive  properties  of 
plates  having  ovaloid  perforations  and  a  width-to-thickness  ratio  of  68, 

A.  H.  Stang  and  M.  Greenspan.  J.  Research  NBS  29,  279  (1942) 
RP1501. 

Perforated  cover  plates  for  steel  columns:  compressive  properties  of 
plates  having  ovaloid  perforations  and  a  width-to-thickness  ratio  of  53, 

A.  H.  Stang  and  M.  Greenspan.  J.  Research  NBS  30,  15  (1943)  RP1514. 

Perforated  cover  plates  for  steel  columns:  compressive  properties  of 
plates  having  circular  perforations  and  a  width-to-thickness  ratio  of 
53,  A.  H.  Stang  and  M.  Greenspan.  J.  Research  NBS  30,  177  (1943) 
RP1527. 
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Perforated  cover  plates  for  steel  columns:  compressive  properties  of 
plates  having  a  net-to-gross  cross-sectional-area  ratio  of  0.33,  A.  H. 
Stang  and  M.  Greenspan.  J„  Research  NBS  30,  411  (1943)  RP  1540. 

Axial  rigidity  of  perforated  structural  members,  M.  Greenspan.  J. 
Research  NBS  31,  305  (1943)  RP1568. 

Perforated  cover  plates  for  steel  columns:  compressive  properties  of 
plates  having  ovaloid,  elliptical,  and  "square"  perforations,  A.  H. 

Stang  and  B.  S.  Jaffe.  J.  Research  NBS  40,  121  (1948)  RP1861. 

Perforated  cover  plates  for  steel  columns:  Summary  of  compressive 
properties,  A.  H.  Stang  and  M.  Greenspan.  J.  Research  NBS  40,  347 
(1948)  RP1880. 

Bending  tests  of  large  welded-steel  box  girders  at  different  temperatures, 

A.  H.  Stang  and  B.  S.  Jaffee.  J.  Research  NBS  41,  483  (1948)  RP1934;  J. 
Am.  Welding  Soc.  28,  No.  3,  89-S(1949). 

Stress  studies  of  welded  ship  structure  specimens,  W.  R.  Campbell.  J. 

Am.  Welding  Soc.  30,  No.  2,  68-S  (1951). 

Stress  studies  of  bulkhead  intersections  for  welded  tankers,  W.  R.  Camp¬ 
bell,  L.  K.  Irwin,  and  R.  C.  Duncan.  J.  Am.  Welding  Soc.  31,  No.  2, 
68-S  (1952). 

Failures  in  welded  ships,  an  investigation  of  the  causes  of  structural 
failures.  NBS  Tech.  News  Bui.  37,  24  (1953). 

Tensile  tests  of  large  specimens  representing  the  intersection  of  a  bottom 
longitudinal  with  a  transverse  bulkhead  in  welded  tankers,  L.  K.  Irwin 
and  W.  R.  Campbell.  Ship  Structure  Committee  Report  SSC-68  (1953). 

Creep  and  static  strengths  of  large  bolted  joints  of  forged,  aluminum  alloys 
under  various  temperature  conditions,  L.  Mordfin,  G.  E.  Greene,  N. 
Halsey,  R.  H.  Harwell,  Jr.  ,  and  R.  L.  Bloss.  Presented  at  26th  Annual 
Mtg.  of  Inst.  Aeronaut.  Sci.  (New  York)  Preprint  No.  779  (1958). 


MACHINE  ELEMENTS 

The  friction  and  carrying  capacity  of  ball  and  roller  bearings,  H.  L.  Whitte- 
more  and  S.  N.  Petrenko.  Tech.  Pap.  BS14  (1921)  T201. 

Experimental  use  of  liquid  air  and  explosives  for  tightening  body-bound 
bolts,  H.  L.  Whittemore.  Am.  Machinist  56,  524  (1922). 

The  strength  of  bolt  threads  as  affected  by  inaccurate  machining.  G.  M. 
Deming.  Mech.  Engineering  45,  583  (1923). 

Tests  of  ball  bearings  for  rotating  beam  fatigue  machines,  L.  B.  Tuckerman 
and  C.  S.  Aitchison.  Am.  Machinist  61,  369  (1924). 
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Failures  of  aircraft  engine  parts  and  causes  thereof,  L.  B.  Tuckerman. 
Discussion.  Proc.  Am.  Soc.  Testing  Materials  30,  Pt.  II,  195  (1930). 

Note  on  the  electrical  resistance  of  contacts  between  nuts  and  bolts,  F. 
Wenner,  G.  W.  Nusbaum,  and  B.  C.  Cruickshanks.  BS  J.  Research 
5,  757  (1930)  RP227. 

The  relation  of  torque  to  tension  for  thread-locking  devices,  H.  L.  Whitte- 
more,  G.  W.  Nusbaum,  and  E.  O.  Seaquist.  BS  J.  Research  7,  945 
(1931)  RP386. 

Impact  and  static  tensile  properties  of  bolts,  H.  L.  Whittemore,  E.  O. 
Seaquist,  and  G.  W.  Nusbaum.  J.  Research  NBS  14,  139  (1935) 

RP763. 

The  tensile  forces  in  tightened  bolts,  A.  H.  Stang.  Prod.  Eng.  22,  No. 

2,  118(1951). 

A  pretied  tie  for  communication  line  wires,  C.  R.  Ballard  and  R.  R. 
Bouche.  REA  Conf.  Paper  No.  CP  58-266  (1958). 

Handmade  bolts  support  the  Capitol  dome,  L.  K.  Irwin.  Fasteners  13, 

No.  3  (1958). 


MISCELLANEOUS 

Strength  and  other  properties  of  wire  rope,  J.  H.  Griffith  and  J.  G.  Bragg. 
Tech.  Pap.  BS  (1919)  T121. 

Physical  tests  of  motor  truck  wheels,  C.  P.  Hoffman.  Tech.  Pap.  BS13 
(1920)  T150. 

Results  of  some  tests  of  manila  rope,  A.  H.  Stang  and  L.  R.  Strickenberg. 
Tech.  Pap.  BS15  (1921)  T198. 

Tests  of  rotary  drill  pipes,  A.  H.  Stang.  Iron  Age  108,  804  (1921);  109> 
359  (1922). 

Size  standardization  by  preferred  numbers,  L.  B.  Tuckerman.  Am.  Soc. 
Mech.  Eng.  (1922). 

Investigation  of  oxyacetylene  welding  and  cutting  blowpipes,  with  special 
reference  to  their  design,  safety  and  economy  in  operation,  R.  S. 
Johnston.  Tech.  Pap.  BS15  (1922)  T200. 

Some  tests  of  steel  wire  rope  on  sheaves,  E.  Skillman.  Tech.  Pap.  BS17, 
227  (1923)  T229. 
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Laboratory  strength  tests  of  motor  truck  wheels,  T.  W.  Greene.  J. 

Soc.  Automotive  Engineers  XV,  150  (1924). 

Testing  gas  welds,  H.  L.  Whittemore.  Welding  Engineer  12,  38  (1927); 

Am.  Machinist  66,  40  (1927);  Power  65,  211  (1927);  Acetylene  J.  28, 

330  (1927);  Welding  J.  XXIV,  46  and  156  (1927). 

Comparative  tests  of  six- inch  cast  iron  pipe  of  American  and  French  manu¬ 
facture,  S.  N.  Petrenko.  Tech.  Pap.  BS21,  231  (1927)  T336. 

Control  for  welding,  H.  L.  Whittemore.  J.  Am.  Welding  Soc.  7,  52  (1928). 

Efficiency  of  machinists'  vises,  H.  L.  Whittemore  and  L.  R.  Sweetman. 

BS  J.  Research  3,  191  (1929)  RP91. 

Corrosion  of  open  valley  flashings,  K.  H.  Beij.  BS  J.  Research  3,  987 
(1929)  RP123. 

Procedure  control  for  aircraft  welding,  H.  L.  Whittemore,  J.  J.  Crowe, 
and  H.  H.  Moss.  Proc.  Am.  Soc.  Testing  Materials  30,  Pt.  II,  140 
(1930);  Welding  1,  589  (1930). 

Seams  for  copper  roofing,  K.  H.  Beij.  BS  J.  Research  5,  585  (1930) 

RP216. 

A  welded  dredge  pipe,  H.  L.  Whittemore.  Industry  and  Welding  2,  12 

(1931). 

Welding  research,  H.  L.  Whittemore.  Industry  and  Welding  2,  7  (1931). 

A  welded  steam  pipe,  H.  L.  Whittemore.  Industry  and  Welding  2,  2  (1931). 

Thermal  effects  in  elastic  and  plastic  deformation,  L.  B.  Tuckerman. 
Discussion. Proc.  Am.  Soc.  Testing  Materials,  32,  Pt.  II,  594  (1932). 

These  consulting  engineers,  H.  L.  Whittemore.  Industry  and  Welding 
4,  17  (1932). 

Safe  welding  practice,  H.  L.  Whittemore.  Eng.  News-Record  112,  237 
(1934). 

Flow  in  roof  gutters,  K.  Hilding  Beij.  BS  J.  Research  12,  193  (1934) 

RP644. 
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Report  of  the  joint  board  of  review  appointed  to  investigate  the  causes  of 
the  accident  to  the  balloon  "Explorer",  L.  B.  Tuckerman.  Member  of 
the  Board.  Natl.  Geographic  Soc.  contributed  tech,  papers  strato¬ 
sphere  series,  No.  1,  71  (1935). 

Ballast  requirements  and  performance  of  the  stratosphere  balloon  "Ex¬ 
plorer  II",  L.  B.  Tuckerman,  W.  Ramberg,  and  F.  D.  Swan.  Natl. 
Geographic  Soc.  contributed  tech,  papers  stratosphere  series,  No.  2, 

250  (1936). 

Load  distribution  and  strength  of  elevator  cable  equalizers,  A.  H.  Stang 
and  L.  R.  Sweetman.  J.  Research  NBS  17,  291  (1936)  RP912. 

Inspection  and  tensile  tests  of  some  worn  wire  ropes,  W.  H.  Fulweiler, 

A.  H.  Stang,  and  L.  R.  Sweetman.  J.  Research  NBS  17,  401  (1936) 
RP92Q. 

Approximation  to  a  function  of  one  variable  from  a  set  of  its  mean  values, 
M.  Greenspan.  J.  Research  NBS  23,  309  (1939)  RP1235. 

The  sliding  of  metals,  W.  R.  Osgood.  Engineer  168,  426  (1939). 

Effect  of  a  small  hole  on  the  stresses  in  a  uniformly  loaded  plate,  M. 
Greenspan.  Quart.  Appl.  Math.  II,  No.  1,  60  (1944). 

The  Hankinson  Formula,  W.  R.  Osgood.  Comment  and  discussion.  Eng. 
News-Record  135,  646  (1945). 

Impact  strength  of  nylon  and  of  sisal  ropes,  S.  B.  Newman  and  H.  G. 
Wheeler.  J.  Research  NBS  35,  417  ( 1 945)  RP1  679. 

Dynamic  tensile  tests  of  parachute  webbing.  A.  H.  Stang,  M.  Greenspan, 
and  S.  B.  Newman.  J.  Research  NBS  36,  411  (1946)  RP1710. 

Theory  for  axial  rigidity  of  structural  members  having  ovaloid  or  square 
perforations,  M.  Greenspan.  J.  Research  NBS  37,  157  (1946)  RP1737. 

On  the  intensity  of  light  reflected  from  or  transmitted  through  a  pile  of 
plates,  L.  B.  Tuckerman.  J.  Opt.  Soc.  Am.  37,  No.  10,  818  (1947). 

PHYSICS  -  Contributions  of  electricity  to  mechanics,  W.  Ramberg.  J. 
Wash.  Acad.  Sci.  39,  No.  9,  (September,  1949). 

Response  of  accelerometers  to  transient  accelerations,  S.  Levy  and  W.  D. 
Kroll.  J.  Research  NBS  45,  303  (1950)  RP2138. 
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Errors  introduced  by  finite  space  and  time  increments  in  dynamic 
response  computations,  S.  Levy  and  W.  D.  Kroll.  Proc.  1st  U.  S. 

Natl.  Congress  of  Appl.  Mech.  ,  June  11-16,  1951  (1952);  J.  Re¬ 

search  NBS  51,  57  (1953)  RP2431. 

Damping  of  elastically  supported  element  in  a  vacuum  tube,  S.  Levy, 

E.  V.  Hobbs,  W.  D.  Kroll,  and  L.  Mordfin.  J.  Research  NBS  50, 

71  (1953)  RP2391. 

Determination  of  loads  in  the  presence  of  thermal  stresses,  S.  Levy.  J. 
Aeronaut.  Sci.  21,  No.  10,  659  (1954). 

Radiant-heat  transfer  between  nongray  parallel  plates,  S.  Goodman. 

J.  Research  NBS  58,  37  (1957)  RP2732. 

Wind-induced  vibration  of  telephone  and  distribution  conductors,  R.  R. 
Bouche,  A.  A.  Lee,  C.  R.  Ballard,  and  F.  J.  On.  REA  Conf.  Paper. 
AIEE  Middle  East.  Dist.  Meeting  (Washington,  D.  C.  ,  1958). 

Aerodynamic  heating  and  fatigue,  W.  D.  Kroll.  NASA  Memo  6-4-59W 
(1959). 

Elastic  deformations  in  strips  with  holes  loaded  through  pins,  M.  Chi  and 
L.  K.  Irwin.  J.  Research  NBS  62,  147  (1959). 

Effect  of  internal  radiant  heat  transfer  on  temperature  distribution, 
thermal  stress  and  deflection  in  box  beams,  S.  Goodman,  S.  B.  Russell, 
and  C.  E.  Noble.  J.  Research  NBS  62,  175  (1959). 

PROPERTIES  OF  MATERIALS 
Impact  tests  for  woods,  NACA  Tech.  Note  78  (1922). 
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1,  M I  SC  ELL  AIK  OU  S  REFERENCES 


1.1  W.  A.  Wildhack,  Pressure  drop  in  tubing  in  aircraft  instrument  instal¬ 
lations,  NACA  Tech.  Note  953  (Feb.  193?) . 

1.2  W.  G.  Brombacher,  Instrumentation  for  flight  testing  airplanes, 
Instruments  20,  7°0  ( 19^+7) -  (Classification  of  devices  for  measuring 
pressures  in  aircraft,) 

1.3  Manometer  tables,  Inst.  Soc.  Am.  RP2.X,  $2.  pages  (1948). 

1.4  W.  G.  Brombacher,  Some  problems  in  the  measurement  of  pressure. 
Instruments  22,  355  (April  1949) * 

1.5  K.  J.  BeJuhass,  The  engine  indicator,  its  design,  theory  and  special 
applications  (Instrument  Publishing  Co. t  New  York,  N.  Y. ,  1934). 

1.6  H.  C.  Roberts,  Mechanical  measurements  by  electrical  methods,  357  pages 
(Instrument  Publishing  Co.,,  Pittsburgh,  Pa,  s  1946). 

1*7  W.  P.  Mason,  Electromechanical  transducers  and  wave  filter,  419  pages 
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1.10  DuMont  Laboratories,  Transducers,  151  pages  (Allen  B»  DuMont  Laboratory, 
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2.  MERCURIAL  BAROMETERS 


2.1  F.  A.  Gould,  Barometers  and  manometers*  Diet,  Applied  Physics  3,»  l40  (1923)> 
(Edited  by  R.  Glazebrook, ) 

2.2  K.C.D.  Hickman,  The  mercury  meniscus.  Rev.  Sci.  Instr,  1^,  190  (1929)- 
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215  (1933). 
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large  bore  tubes,  Naturwissenschaf ten  22,  10  (1934). 

2.6  E.  Kleinschmidt,  Handbuch  der  Meteorologischen  Instrumente,  733  pages 
(Julius  Springer,  Berlin,  1935)'=  (Chapter  on  measurement  of  air  pressure.) 

2.7  W.E.K.  Middleton  and  A,  F,  Spilhaus,  Meteorological  instruments,  3&  ed„  9 
286  pages  (Univ.  of  Toronto  Press,  1953)- 

2.8  H,  F.  Stimson,  The  measurement  of  some  thermal  -oroperties  of  water,  J,  Wash. 
Acad.  Sci.  201  (1945)* 

2.9  Smithsonian  Meteorological  Tables,  6th  ed.  (1951), 

2.10  C.  F.  Marvin,  Barometers  and  the  measurement  of  atmospheric  pressure, 
Circulr  F,  Instrument  Division,  U„  S.  Weather  Bureau  (1912). 

2.11  S.  Haynes,  Automatic  calibration  of  radiosonde  baro switches,  Electronics 
24,  126  (May  1951)- 

2.12  H.  J.  Svec  and  D.  S.  Gibbs,  Recording  mercurial  manometer  for  pressure 

range  mm  Hg,  Rev.  Sci.  Instr,,  24,  202  (1953) • 
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3„  MANOMETERS,  LIQUID  TYPE 


3.1  B.  Tockepeiser,  New  types  of  sensitive  silica  manometers,  J„  Sci,  Instr, 
(May  1930) * 

3.2  Malmberg  and  Nicholas,  A  simple  manometer  utilizing  a  non-volatile  liquid 
of  low  density,  Rev,  Sci.  Instr,  440  (1932) . 

3*3  E.  Ower,  Measurement  of  airflow,  2d  ed,  (Chapman  &  Hall,  London,  England, 
1933)»  (See  chapter  on  Manometers,) 

3*4  R.  Warden,  An  improved  multitube  tilting  manometer,  Aero  Research  Com¬ 
mittee,  Rept-  &  Mem.  1572  (London,  1939 ) - 

3,5  H.  Reichardt,  Pressure  gage  for  very  small  pressure  differences,  (Microma¬ 
nometer)  Z„  Ver,  deut,  Ing.  79,  50  (1935)- 

3*6  P, V.A.E.  Engel  and  R,  J,  Wey,  Mechanical  flowmeters,  Engineer  16Q ,  555 » 
524,  6l2  (1935)'  (Describes  special  forms  of  liquid  manometers,  includ¬ 
ing  float  and  ring  types. ) 

3*7  Micromanometers,  (Aerodynamische  Ver suchsanstalt ,  Gottingen,  Oct.  193&) > 

3*8  Roger  Gelmont,  Theory  and  operation  of  a  Cartesian  Diver  type  manos  to.t, 
Ind.  Eng,  Chem.  ,  Anal,  Ed,  18,  633  (1946).  (Made  "by  Emil  Greiner.) 

3*9  J*  L.,  Wilson,  H,  N„  Eaton,  and  H.  B.,  Henrickson,  Use  and  testing  of 
sphygmomanometers,  Techn,  Pap,  BS  21  (1927)  T352*  OP.  (Contains  an 
elementary  treatment  of  manometers.) 

3*10  I.  E.  Puddington,  Sensitive  mercury  manometer,  Rev.  Sci,  Instr.  12,,  577 
(1948). 

3*11  J.  Reilly  and  W.  N„  Rae,  Physico-chemical  methods  1,  S22  (D.  Van  No strand 
Co.,  Inc. ,  New  York,  N,  Y„  ,  1939). 
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4,  AB SOLUTE- PRE  S  SURE  GAGES 

4.1  R.  H.  Field  and  G.  C,  Cowper,  The  aneroid  barometer  and  altimeter. 
Topographical  Survey,  BuH  =  63  (Dept,  Interior,  Canada,  1931)* 

4.2  P.  Werkmeister,  Metallharometer  System  Paulin,  Z,  Instrumentenk  ^1,  435 

(1931). 

4.3  W.  G.  Brombacher,  Measurement  of  altitude  in  blind  flying,  HACA  Tech, 

Note  503  (1934) . 

4.4  Pioneer  sensitive  altimeter,  Aviation,  39  (Dec,  1936)5  Aero  Digest,  5^ 

(Dec.  1936)5  U.  S.  Air  Services,  jk  (Dec.  1936) > 

4.5  Kollsman  improves  the  altimeter,  Western  Flying,  38  (July  193^);  Aero 
Digest,  104  (Aug.  193^);  Aviation,  4l  (Aug,  193&) » 

4.6  H.  J.  Van  der  Maas  and  J-  H.  Greidanus,  The  accuracy  of  altitude  measure¬ 
ments  with  the  aneroid- type  altimeter,  Report  Vll62,  National  Luchtvaart 
Laboratorium  (1939) >  (In  Dutch.) 

4.7  L.  F.  Curtiss,  A.  V.  Astin,  L.  L=  Stockman,  and  B.  W,  Brown,  An  improved 
radio  meteorograph  on  the  Olland  principle,  J.  Research  NBS  22,  97  (1939) 
RPH69.  OP.  (Time  between  contacts  controlled  by  aneroid  pressure  element.) 

4. g  W.  S.  Hinman,  F-  W.  Dunmore,  and  E,  G.  Lapham,  An  improved  radiosonde  and 
its  performance,  J,  Research  NBS  2£,  3^7  (19^)  EP1324.  OP.  (Switch  type 
aneroid  pressure  element  described.,) 

4.9  Philip  Kissam,  Precision  altimetry,  photo gramme trie  Engineering,  25  (Jan. , 
Feb. ,  Mar.  1944) , 

4.10  Frederick  Koppel,  Recent  progress  in  the  measurement  of  atmospheric  pres¬ 
sure,  Rev.  Sci.  Instr.  IS,  850  (Nov,  1947),  (Quartz  barograph  and  hyp- 
someter. ) 

4.11  Daniel  P,  Johnson,  Calibration  of  altimeters  under  pressure  conditions 
simulating  dives  and  climbs,  NA.CA  Tech,  Note  1562  (1948). 

4.12  Daniel  P.  Johnson,  D.  I„  Steel  and  M„  de  Novens,  Measurement  of  drift 
and  recovery  in  aircraft  altimeters,  NBS  Report  1953. 
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5*  PRESSURE  GAGES,  DIFFERENTIAL  AND  GAGE 

5.1  H.  T.  Owens,  Research  and  development  of  high  pressure  oxygen  gauges, 
Acetylene  J„  (Jan,  1924). 

5.2  A.  Graham,  Note  on  the  structure  of  turbulence  in  a  natural  wind,  contain¬ 
ing  also  a  description  of  sensititive  pressure  gage.  Aero  Research  Com¬ 
mittee,  Rept,  &  Mem,  1704  (London,  193^)»  (Diaphragm- type  gage,) 

5»3  David  S.  Evans  and  K„  Mendelssohn,  The  physics  of  blood  pressure  measure¬ 
ment,  Proc,  Phys,  Soc,  (London)  ^4,  pt-  3»  211  (1942), 

5.4  P,  S.  White,  Seasoning  Bourdon  tube  systems.  Instruments  l6_,  35&  (June  1943) 

5.5  Harry  Matheson  and  Murray  Eden,  Highly  sensitive  differential  manometer, 

Rev,  Scio  Instr.  12. ,  5°2  (1948), 

5=6  A.  G.  Keenan  and  R.  L,  McIntosh,  A  strain- sensitive  resistance  wire 
manometer,  Rev,  Sci,  Instr.  12.,  33^  (1948), 

5.7  M.  P,  White,  Application  of  Bourdon  tubes  to  pressure  indicating  devices, 
Instruments  2^,  IO68  (1950), 

5.8  J.  E,  Witherspoon,  Electronic-recorder  pickups,  Instruments  26,  429  ( 1953) * 

5<>9  I».,  Ollivier  and  D,  J,  Tricebock,  precise  pressure  measurement,  Elec,  Mfg« 

5i,  114  (Aug,  1953) , 
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6*  HIGH-PRESSURE  MEASUREMENT 

6.1  James  He  Boyd,  Jr,  ,  A  manometer  for  the  measurement  of  small  pressure 
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6.5  J.  A.  Beattie  and  0*  C.  Bridgman,  Tiber  Messungen  mit  der  Kilbendruckwaage. 
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6.6  A.  Michels,  The  calibration  of  a  pressure  "balance  in  absolute  units,  Proc. 

Roy.  Acad.  Amsterdam  99^  (1932).. 

6.7  A.  Michels  and  M.  Lenssen,  Electric  manometer  for  pressures  up  to  J00Q 
atmospheres,  J„  Sci,  Instr.  LI,  3^5  (193^0* 

6.8  E.  Schmidt,  Measurement  of  small  "pres sure  differences  at  high  pressures, 

VDI  SO,  635  (1936). 

6.9  J»  R*  Roebuck  and  W.  Cram,  Mercury  manometer  for  200  atmospheres,  Rev. 

Sci.  Instr.  8,  215  (1937). 

6.10  L.  H.  Adams,  R.  W.  Goranson,  and  R.  E.  Gibson,  Manganin  resistance  pres¬ 
sure  gage,  Rev.  Sci.  Instr.  8,  230  (1937). 

6.11  N.  H.  Sage  and  W.  N.  Lacey,  Apparatus  for  study  of  pres sure- volume- 
temperature  relations  of  liquids  and  gases.  Am.  Inst.  Mining  Met. 

Engrs.  Tech.  Pub.  1127  (1939). 

6.12  H.  Ebert,  Establishment  of  a  pressure  scale  and  experimental  realization 
up  to  20,000  atm,,  Z„  Angew.  phys.  1,  331  (1949), 

6.13  H.  E.  Darling  and  D,  K.  Newhall,  A  high-pressure  wire  gage  using  goldchrome 
wire,  Trans,  ASME  311  (1953). 
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6 ,  HIGH-PRESSURE  MEASUREMENT  (CONTINUED) 


6.l4  P.  W. 

Proc, 


p 

pridgman,  Measurement  of  hydrostatic  pressure  to  30*000  kg/cm  * 
Am„  Acad,  Arts  Sci.  j4,  1  (1940), 


6,15  P*  W. 

Phys. 


Bridgman,  Recent  work  in  the  field  of  high  pressures.  Revs,  Modern 
IS,  1  (1946),  (674  references,) 


6.l6  D.  P.  Johnson  and  D,  H,  Newhall ,  The  piston  gage  as  a  precise  measuring 
instrument.  Symposium  on  high  pressure,  ASME  Trans,  301  (1953)* 


7,  VACUUM  MEASUREMENT 

7.1  M,  Pirani  and  R.  Neuman,  High  vacuum  gages.  Electronic  Eng.  !£,  277*  322, 

367  (1944-45), 

7.2  Saul  Dushman,  Manometers  for  low  pressures,  Instruments  20,  234  (1947), 

(A  review  of  existing  vacuum  gages,) 

7*3  0*  W,  Monk,  The  vacuum  divider;  a  low  pressure  multiplier,  Rev.  Sci. 

Instr.  12.,  396  (194s). 
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8,  DYNAMIC- PRESSURE  MEASUREMENT 


8.1  Kalman  J„  De  Juhasz,  The  engine  indicator,  235  pages  (Instrument  Publish¬ 
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8.3  Bernard  Lewis  and  G,  von  Elbe,  Combustion,  flames  and  explosion  of  gases, 

415  pages  (Academic  press,  1941),  (Section  on  pressure  measurement.) 

8.4  Robert  E.  Tozier,  The  NACA  optical  engine  indicator,  NACA  Tech.  Note  634 
(Jan,  1938), 

8.5  F.  R.  Caldwell  and  E,  P,  Fiock,  Some  factors  influencing  the  performance 

of  diaphragm  indicators  of  explosion  pressures,  J,  Research  NBS  2lo,  175 
(1941).  RP1368,  OP. 

8.6  J.  C,  Karcher,  A  piezoelectric  method  for  the  instantaneous  measurement 
of  high  pressures,  BS  Sci,  Pap,  18  (1922)  S445,  OP, 

8.7  R.  H.  Kent  and  A,  H.  Hodge,  The  use  of  the  piezoelectric  gage  in  the 
measurement  of  powder  pressures,  Trans.  ASME  6i,  197  (1939) « 

8. 8  N.  J.  Thompson  and  E.  W.  Cousins,  Measuring  pressures  of  industrial 
explosions.  Electronics,  $0  (Nov.  1947).  (Capacitance  pickup,  2  to  3000 

psi. ) 

8.9  A.  G.  Keenan  and  R.  L.  McIntosh,  Strain- sensitive  resistance  wire  manometer. 
Rev.  Sci.  Instr.  1£,  336  (May  1948). 

8.10  C.  S.  Draper,  E.  S.  Taylor,  J.  H.  Lancor,  and  R.  T.  Coffey,  Development  of 

a  detonation  detector  suitable  for  use  in  flight,  NACA  Tech.  Note  977  (1944). 

8.11  R.  D.  Meyer,  Applications  of  unbonded- type  resistance  gages,  Instruments 
12.,  136  (Mar.  1946). 

8.12  H.  Schaevitz,  The  linear  variable  differential  transformer,  Proc.  Soc. 

Exper,  Stress  Analysis  4,  79  (19^7)* 

8.13  p.  B,  Smith,  A  recording  optical  manometer  for  transient  pressures,  J. 

Sci.  Instr.  24,  134  (1947). 
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s.  DYNAMIC-PRESSURE  MEASUREMENT  (CONTINUED) 
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So 21  Characteristics  and  applications  of  resistance  strain  gages,  KBS  Circular 
528,  140  pages  (1954).  $1*50* 

8.22  Ho  Ro  Bierman  and  R.  Jenkins,  A  hypodermic  pressure  manometer  utilizing 
the  bonded  wire  resistance  strain  gauge,  Rev,  Sci.  Instr.  22,  268  (1951)* 

8.23  C.  D.  McKinney,  Jr.  and  M.  Kilpatrick,  An  apparatus  for  measuring  the 
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8.25  W.  J.  Levedahl,  Instrumentation  for  detonation  research,  Instr.  Soc.  Am. 
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8.26  J.  L.  Patterson,  A  miniature  electrical  pressure  gage  utilizing  a  flat 
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Bridge,  Wheatstone _  1-147 

Bridges,  index  to  subjects _  1-210 

Bunsen-type  calorimeter _  11-222 

1,3-butadiene,  thermodynamic  properties _  11-413 

C 

Calibrating  consoles,  voltmeter,  RF _  1-598 

Calibrating  testing  machines  with  proving  rings _  11-573 


Calibration  and  use  of  VHF  field-intensity  meters, 

influence  of  the  ground  on _  1-662 

Calibration  Center,  Electronic,  high  frequency 

standards  NBSBL _  1-463 

Calibration  of  a  density  balance  for  liquid  hydro¬ 
carbons _  11-691 

Calibration  of  audiometers _  11-852 

Calibration  of  commercial  radio  field-strength 

meters  at  the  National  Bureau  of  Standards _  1-670 
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Calibration  of  liquid-in-glass  thermometers _  11-153 

Calibration  of  proving  rings _  11-573 

Calibration  of  pyrometric  cones _  11—131 

Calibration  of  signal  generators,  application  of  RF 

micropotentiometers _  1-621 

Calibration  of  thimble-chamber,  soft  X-rays _  III-907 

Calibration  of  vibration  pickups  by  the  reciprocity 

method _  11-621 

Calibration,  pressure,  of  condenser  microphones 

above  10000  cps _  11-862 

Calibration  techniques  of  liquid-flowmeters _  11-648 

Calorimeter,  adiabatic,  range  30°  to  500°  C _  11-228 

Calorimeter,  bunsen-type _  11-222 

Calorimeter,  dry,  static,  for  RF  power  measurement.  1-809 
Calorimeter  for  measuring  heat  capacity  and  heat 

of  vaporization  of  water,  0°  to  100°  C _  11-277 

Calorimeter  for  precise  measurement  of  heat  con¬ 
tent  and  heat  capacity _  11—241 

Calorimeter  (micro),  microwave,  X-band _  1-819 

Calorimetry,  precision  adiabatic,  automatic  tem¬ 
perature  regulation  and  recording _  11-236 

Calorimetry,  temperature  correction  methods _  11-212 

Camera,  airplane,  errors  in  calibration _  III— 747 

Camera  obscura,  for  instrument  reading _  1-432 

Capacitance  measurement,  absolute _  1-296 

Capacitor,  calibration  by  step-up  methods _  1-305 

Capacity  standards _  III-38 

Carbon  dioxide,  gaseous,  heat  capacity  of _  11-352 

Cavity  ionization  as  a  function  of  wall  material _  III— 933 

Cells,  standard,  effect  of  temperature _  1-252 

Cells,  standard,  effect  of  temperature  inequality  in 

the  limbs _  1-254 

Cells,  standard,  hysteresis  effects _  1-259 

Cells,  standard,  international  comparisons _  1-244 

Cells,  standard,  modifications _  1-241 

Cells,  standard,  unit  of  electromotive  force -  1-236 

Chamber,  ionization,  standard,  requirements  for 

250-  to  500-kilovolt  X-rays _  III-926 

Chamber,  reverberation,  study  of  the  sound  power 

output  of  subsonic  air  jets _  11-825 

Chambers,  ionization,  free-air,  design  of -  III-870 

Chambers,  ionization,  free-air,  soft  X-ray  region, 

design  of _  III-889 

Chromic  methylammonium  alum  as  a  thermometric 

substance _  11-10 

Color  temperature,  lamp  standards -  III-587 

Colorimetry _  III-470 

Colorimetry  and  spectrophotometry,  list  of  publica¬ 
tions _ III-792 

Colorimetry,  photoelectric  tristimulus  with  three 

filters _  HI— 529 

Comparison  of  four  national  radium  standards -  III-993 

Comparisons  of  national  radium  standards -  III-1002 

Converter,  volt-ampere,  wide-range _  1-352 

Converters,  thermal,  as  a-c-d-c  transfer  standards..  1-317 

Converters,  voltage,  theory,  construction,  tests -  1-336, 

1-339 

Converters,  voltage,  thermal _  1-335 

Couplers,  directional,  method  of  measuring  the 

directivity  of _  1-802 

Current,  absolute  measurement  of _ . -  1-41 

Current  and  voltage  measurements  at  audio  fre¬ 
quencies _  1-317 

Current  balance,  NBS -  1-99 

Current  measurement _  1-89,  1-99 
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Dead-weight  machines,  111,000  and  10,000  pound 


capacities _ _ _  11-596 

Density  and  heat  of  combustion  of  benzoic  acid -  11-410 

Density  and  volumetric  determinations - -  HI-719 
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Density  balance  for  liquid  hydrocarbons,  assembly 

and  calibration -  cco 

Density  of  solids  and  liquids -  Ttt 

Design  of  free-air  ionization  chambers -  ill-870 

Design  of  free-air  ionization  chambers  for  the  soft 

X-ray  region  (20-100  kv) - - -  III- 889 

Directional  couplers,  method  of  measuring  the 

directivity  of - 1-802 

Double  freezing-point  method  of  determining 

styrene  purity -  11-195 

E 

Earphones,  response  in  ears  and  couplers -  11-869 

Electric  hygrometers -  11-718 

Electrical  and  magnetic  units,  extension  and  dis¬ 
semination  of,  by  NBS - 1-53 

Electrical  and  magnetic  units,  international  rela¬ 
tions  _ 

Electrical  instruments,  care  and  use -  1-43 

Electrical  units,  derivation -  1-58 

Electrical  units,  establishment  and  maintenance.  _  1-12 

Electrodynamometer,  Pellat-type -  1-89 

Electrometer,  Brooks  attracted  disk -  1-283,  1-286 

Electrometer,  compressed  gas -  1-284 

Electrometers _ 1-277 

Electromotive  force;  history  of  USA  unit -  1-237 

Electrothermic  transfer  standards,  development  and 

description _ ---- _  1-318 

Engineering  mechanics,  list  of  publications  on -  11—913 

Expansion,  thermal,  of  solids _  III-349 

F 

Facility  for  the  evaluation  of  resistance  strain  gages 

at  elevated  temperatures _  11-638 

Field  intensity  meters,  calibration  and  use  of, 

influence  of  the  ground  on _  1-662 

Field-intensity  standards,  VHF,  development  of -  1-641 

Field  strength  meters,  commercial,  radio,  calibration 

of _ 1-670 

Free-air  ionization  chambers  for  soft  X-ray  region..  III-889 
Freezing  points  of  hydrocarbons,  a  measurement  of 

purity _  11-168 

Frequencies  and  time  signals,  standard -  1-475 

Frequency  and  time,  national  standards  in  the  U.S.  1-472 
Frequency  and  time  standards,  high  precision,  ad¬ 
justment  of _  1-482 

Frequency,  VSWR  and  |T|  for  certain  impedance 

standards,  tables _  1-695,  1-702,  1-710 

G 

Gage  blocks _  II I—  1 64,  III-280 

Gage  blocks,  precision  interference  methods  for 

testing _  III-280 

Gage  blocks,  surface  characteristics _  III-249 

Gages,  all  types _  III-80 

Galvanometer,  used  with  NBS  precision  bridge _  1-158 

Galvanometers,  damping  of _  1-146 

Galvanometers,  optical  systems  of _  1-190 

Glass  volumetric  apparatus,  testing _  III-723 

Ground  (influence  of  the),  on  the  calibration  and 

use  of  VHF  field-intensity  meters _  1-662 

H 

Heat  capacity  and  heat  of  vaporization  of  water  in 

the  range  6°  to  100°  C,  measurements _  11-277 

Heat  capacity  of  gaseous  carbon  dioxide _  11-352 

Heat  capacity  of  sodium  between  0°  and  900°  C,  the 

triple  point,  and  heat  of  fusion _  11-341 

Heat  content  and  heat  capacitv,  precise  measure¬ 
ment,  0°  to  1500°  C _ 11-241 

Heat  of  combustion  and  density  of  benzoic  acid _  11-410 

Heat  of  combustion  of  benzoic  acid,  standardization 

of  bomb  calorimeters _  11-386 

Heat  of  combustion,  precise  measurement  with  bomb 

calorimeter _  11-361 

Heat  of  fusion,  triple  point,  and  heat  capacity  of 

sodium  between  0°  and  900°  C _  11—34 1 


High  frequency  impedance  standards  at  the  National 

Bureau  of  Standards _  1-675 

High  frequency  standards  of  the  Electronic  Calibra¬ 
tion  Center,  NBSBL _  1-463 

High-frequency  voltage  measurement _  1-582 

High-precision  frequency  and  time  standards, 

adjustment  of _  1-482 

High  temperature  materials,  physical  properties _  11-241 

Humidity,  measuring _  11-698 

Humidity-pressure  apparatus _  11-788 

Humidity  (relative) -temperature  relationships _  11-794 

Humidity  test  apparatus,  low-temperature _  11-780 

Hydrocarbons,  determination  of  purity  by  measure¬ 
ment  of  freezing  points _ 11-176 

Hydrometers,  testing  of _ III-707 

Hygrometers,  electric _  11-718 

Hygrometers,  testing -  11-698,  11-741 

Hygrometers,  testing,  recirculation  apparatus  for...  11-774 

I 

Impedance  standards,  high  frequency,  at  the 

National  Bureau  of  Standards _  1-675 

Impedance  standards,  microwave,  methods  of  meas¬ 
urement _  1-680 

Impedance  tube  method  of  measuring  sound 

absorption  coefficient _  11-812 

Indicators,  electrical,  scale  and  reading  errors  of _  1-425 

Indices  of  refraction,  precision,  rapid  determination 

of _  III-577 

Influence  of  the  ground  on  the  calibration  and  use  of 

VHF  field-intensity  meters _  1-662 

Infrared  high-resolution  grating  spectrometer _  III-835 

Infrared  measurements  with  a  small  grating  from 

100  to  300  microns _  III-838 

Instrument  reading,  a  camera  obscura  for _  1-432 

Instruments,  electrical,  testing _  1-421 

Instruments,  spectrophotometric _  III— 381 

Interferometer  for  large  surface  testing _  III-467 

Interferometer,  parallel  testing _  III-459 

Interferometer,  stroboscopic  for  vibration  measure¬ 
ment _  11-808 

Interferometry,  precision  millimeter  wave,  at  the 

National  Bureau  of  Standards _  1-756 

International  Bureau  of  Weights  and  Measures _  III-28 

International  temperature  scale  of  1948 _  II-l 

Ionization  (cavity)  as  a  function  of  wall  material _  III-933 

Ionization  chamber,  standard,  requirements  for  250- 

to  500-kilovolt  X-rays _  III-926 

Ionization  chambers,  free-air,  design  of _  III-870 

Ionization  chambers,  free-air,  soft  X-ray  region _  III-889 


Laboratories,  electrical,  standardizing,  suggested 
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Lamp  standards,  color  temperature _  III-587 

Lamps,  thorium-halide,  wavelengths  from _  II 1-861 

Length  standards _  HI-31,  III-33 

Lenses,  photographic,  testing  at  NBS _  HI— 7 61 

Line  standards,  calibration  of _ , -  III-67 

Liquid  flowmeter  calibration  techniques _  11-648 

Liquids  and  solids,  density  of _  11-659 

M 

Machines,  dead-weight,  111,000  and  10,000  pound 

capacities _ 11-596 

Magnetic  and  electrical  units,  extension  and  dis¬ 
semination  of,  by  NBS _ —  1-53 

Magnetic  thermometer  to  examine  the  helium 

vapor-pressure  scale  of  temperature -  11-34 

Mass  standards _  III — 31,  III-34,  III-615 

Mass  standards,  precision _  III-591 

Matching  termination,  LTHF  and  microwave -  1-578 

Measurement,  methods,  microwave  impedance 

standards _ 7 -  1-680 

Measurement  of  absorption  line  half-widths  and 

intensities,  slit  function  effects -  11-148 
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Measurement  of  correlation  coefficients  in  reverber¬ 
ant  sound  fields _  11-846 

Measurement  of  microwave  SWR,  new  technique...  1-739 
Measurement  of  UHF  and  microwave  variable 

attenuators,  mismatch  errors  in  the _  1-792 

Measurement  of  vibration  amplitudes,  aeoustic 

method _  11-802 

Measurement  of  vibration  by  stroboscopic  inter¬ 
ferometer _  11-808 

Measurement,  power,  RF,  calorimeter  for _  1-809 

Measurement,  thickness _  III-80 

Measurement,  voltage,  high-frequency _  1-582 

Measurements,  electrical,  transfer  from  d-c  to  a-c_.  1-65 

Measurements,  infrared _  III-838 

Measurements,  microwave  reflection  coefficients, 

magnified  and  squared,  VSWR  responses _  1-746 

Measurements,  microwave,  standard  of  attenuation 

for _  1-776 

Measurements  of  acoustic  impedance  to  determine 

reverberant  sound  absorption  coefficients _  11-814 

Measurements  of  heat  of  combustion,  precise,  with 

bomb  calorimeter _ . _  11-241 

Measurements  of  pressure,  list  of  publications _  11-939 

Measurements,  power,  self-balancing  d-c  bridge _  1-814 

Measurements,  power,  microwave,  at  NBS _  1-806 

Measurements,  precise',  with  Bingham  and  Cannon 

master  viscometers _  11-554 

Measurements,  temperature,  list  of  publications _  11-200 

Measuring,  bridge  circuit,  power,  high-frequency _  1-825 

Measuring  humidity _  11-698 

Measuring  sound  absorption  coefficient _  11-812 

Measuring  system,  the  basis  of  our _  III— 14 

Measuring  the  directivity  of  directional  couplers _  1-802 

Mechanics,  list  of  publications _  11-913 

Meter  bar  #27,  United  States  Prototype _  III-53 

Meter  line  standards,  calibration  at  NBS _ ITI-53,  III— 67 

Meters,  electrical,  reading  errors  of _  1-425 

Method  for  measurement  of  E'U  in  the  reciprocity 

calibration  of  condenser  microphones _  11-893 

Methods  of  calibration  and  testing  of  hygrom¬ 
eters _ _  11-698,  11-741 

Methods  of  measuring  humidity  and  testing  hygrom¬ 
eters _  11-698 

Micrographs,  interference,  interpretation  of _  III-328 

Microinterferometer,  description _  III-324 

Microphones,  calibration  of _  11-894 

Microphones,  method  of  measurement _  11-893 

Microphones,  condenser,  pressure  calibration  of _  11-862 

Micropotentiometers,  RF,  for  calibration  of  signal 

generators  to  1000  Me _  1-621 

Microwave  impedance  standards,  methods  of  meas¬ 
urement _  1-680 

Microwave  measurements,  standard  of  attenuation 

for _ „ _  1-776 

Microwave  microcalorimeter,  X-band _  1-819 

Microwave  power  measurements  at  NBS _  1-806 

Microwave  reflection  coefficient  measurements  mag¬ 
nified  and  squared  VSWR  responses _  1-746 

Microwave  reflectometer  techniques _  1-751 

Microwave  SWR,  new  technique  for  the  measure¬ 
ment  of _  1-739 

Mismatch  errors  in  the  measurement  of  UHF  and 
microwave  variable  attenuators _  1-792 

N 

National  radium  standards,  comparison  of  four. _  III — 993 

National  radium  standards,  comparisons  of _  III-1002 

National  standards  of  time  ancf  frequency  in  the 

United  States _  1-472 

New  technique  for  the  measurement  of  microwave 

SWR _  1-739 

Nitrogen,  thermal  conducitivity,  50°  to  500°  C,  1  to 

100  atm _  11-515 

O 

Ohm,  maintenance  of,  at  NBS _  1-20 

Optical  flats,  determination  of  planeness  and  bind¬ 
ing -  III-336 

Optical  instruments,  list  of  publications  on _  III-778 

Optical  surfaces,  large,  testing _  III-343 
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Parallelism _  III-459 

Photoelectric  tristimulus  colorimetry _  III-529 

Photographic  lenses,  testing _  III— 76 1 

Planeness  of  optical  flats _  1 1 1-336 

Polonium-210,  branching  ratio  in  the  decay  of _ 1 1 1—  1 0 14 

Potentiometer,  lindeck _  1-218 

Power  measurements,  RF,  calorimeter  for _  1-809 

Power  measurements,  microwave,  at  NBS _  1-806 

Power  measuring  bridge  circuit,  high  frequency _  1-825 

Power  supplies  for  meters  and  instruments,  60  cycle 

tests _  1-438 

Practices,  suggested,  for  electrical  standardizing 

laboratories _  1-1 

Pressure-humidity  apparatus _  11-788 

Pressure  measurements,  list  of  publications _  11-939 

Proving  rings  for  calibrating  testing  machines _  11-573 

Proving  rings,  temperature  coefficients  for _  11-612 

Publications,  list,  optical  instruments _  III-778 

Publications  on  electrical  units,  instruments  and 

measurements _  1-447 

Pyrometric  cones,  calibration  of _  11-131 

R 

Radiation,  cavity  ionization,  wall  material _  III-933 

Radiation  physics,  list  of  publications _  III— 1018 

Radioactivity,  standards  of,  preparation,  mainte¬ 
nance  and  application _  III-942 

Radium,  national  standards,  comparison  of  four _  1 1 1—993 

Radium  standards,  national,  comparisons  of _  III-1002 

Radium  standards,  preparation  of  new  solutions.  _  III- 1008 
Reflection  coefficient  measurements  VSWR  re¬ 
sponses _  1-746 

Reflectometer  techniques,  microwave _  1-751 

Refraction,  indices  of,  and  dispersion  by  immersion, 

precision,  determination _ . _  III-577 

Refractometry,  prism,  standard  conditions  for _  III-432 

Relative  humidity-temperature  relationships  of  some 

saturated  salt  solutions _  11-794 

Resistance,  index  to  subjects _  1-210 

Resistance  thermometry,  precision,  and  fixed  points.  11-40 

Resistors,  commercial,  aging  and  voltage  of _  1-234 

Resistors,  load  coefficients _  1-155 

Resistors,  multimegohm,  measurement _  1-230 

Resistors,  precision,  measurement _  1-108 

Resistors,  standard,  precision _  1-143 

Response  of  earphones  in  ears  and  couplers _  11-869 

Reverberation  chamber  method  of  measuring  sound 

absorption  coefficient _  11-843 

Reverberation  chamber,  output  of  a  sound  source 

in  _  11-833 

RF  micropotentiometers  for  calibration  of  signal 

generators  to  1000  Me _  1-621 

RF  microvoltages,  accurate _  1-634 

RF  voltmeter  calibrating  consoles _  1-598 
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Scintillation  spectrometry  of  low-energy  brems- 

strahlung _  III-913 

Slit  function  effects  in  the  direct  measurement  of 

absorption  line  half-widths  and  intensities _  11-148 

Solids  and  liquids,  density  of _  11-659 

Sound  absorption  coefficient,  measuring _  11-812,  11-843 

Sound  absorption  (reverberant)  coefficients  deter¬ 
mined  by  acoustic  measurements _  1 1-8 14 

Sound  power  output  of  subsonic  air  jets _  11-825 

Sound  source,  output  of,  in  a  reverberation  chamber.  11-833 

Specific  and  latent  heat  of  water,  0°  to  100°  C -  11-277 

Specific  heat  of  superheated  ammonia  vapor -  11-460 

Spectral  absorption  method  for  determining  popu¬ 
lation  “temperatures”  in  hot  gases _  11-139 

Spectral  radiant  intensities,  procedure _  III-458 

Spectral  standards _  HI— 381 

Spectrometer,  infrared,  high  resolution _  III-835 

Spectrometers _  III-390 

Spectrometers,  wavelength  calibration  of,  applica¬ 
tion  of  vibration-rotation  structure _  III-841 

Spectrometry,  scintillation,  low  energy  bremsstrah- 

lung _  III— 9 13 

Spectrophotometers _  III— 381 
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Spectrophotometry,  200  to  1000  millimicrons _  III-381 

Spectrophotometry  and  colorimetry,  list  of  publi¬ 
cations _  III— 792 

Standard  conditions  for  refractometry _  III-432 

Standard  frequencies  and  time  signals _  1-475 

Standard  ionization-chamber  requirements  for  250- 

to  500-kilovolt  X-rays _  III-926 

Standard  of  attenuation  for  microwave  measure¬ 
ments _  1-776 

Standardization  of  bomb  calorimeters,  heat  of 

combustion  of  benzoic  acid _  11-386 

Standards,  high  frequency  impedance,  at  the 

National  Bureau  of  Standards _  1-675 

Standards,  high  frequency,  of  the  Electronic  Cali¬ 
bration  Center,  NBSBL _  1-463 

Standards,  impedance,  microwave,  methods  of 

measurement _  1-680 

Standards,  lamp,  color  temperature _  III-587 

Standards,  length,  commercial _  III-73 

Standards,  length,  reference _  III-72 

Standards,  length,  working _  III— 72 

Standards,  national  of  time  and  frequency  in  the 

U.S _  1-472 

Standards,  national  radium,  comparisons  of _  III-1002 

Standards,  national  radium,  comparison  of  four _  III-993 

Standards,  national  radium,  statistical  analysis _ III-999 

Standards  of  mass,  design  and  test _  III-615 

Standards  of  mass,  precision _  III-591 

Standards  of  radioactivity,  preparation,  mainte¬ 
nance  and  application  of _  III-942 

Standards  or  radium,  preparation  of  new  solutions..  III-1008 

Standards,  spectral  energy _  III-424 

Standards,  spectral  reflection _  III-427 

Standards,  spectral  transmission _  III-425 

Standards,  threshold,  probe  tube  method  for  the 

transfer  of _  11-865 

Standards,  VHF  field  intensity,  development  of _  1-641 

Strain  gages,  evaluation  of  elevated  temperatures  11-638 
Styrene,  determination  of  purity  by  double  freezing 

point  method _  11-195 

Surface  roughness,  measurement _  III-324 

SWR,  microwave,  new  technique  for  the  measure¬ 
ment  of _  1-739 

T 

Tables  of  frequency,  VSWR  and  |P|  for  selected  half- 

round  inductive  obstacle  impedance  standards _  1-695, 

1-702,  1-710 

Tapes,  measuring,  calibration  of _  III— 67 

Technique  (new)  for  the  measurement  of  microwave 

SWR _  1-739 

Temperature  coefficients  for  proving  rings _  11-612 

Temperature,  effects  on  refractive  media _  III-446 

Temperature  measurements,  list  of  publications _  11-200 

Temperature  measurements  of  hot  gases  spectral 

absorption  method _  11-139 

Temperature  regulation  and  recording,  automatic 

in  precision  adiabatic  calorimetry _  11-236 

Temperature  scale,  international,  1948 _  II— 1 

Termination,  matching,  UHF  and  microwave _  1-578 

Test  apparatus,  humidity,  low-temperature _  11-780 

Testing  and  calibration  of  hygrometers _  11-698,  11-741 

Testing  electrical  instruments _  1-417,  1-421 

Testing  hydrometers _ ; _  III-707 

Testing  hygrometers _  11-698 

Testing  hygrometers,  recirculation  apparatus  for _  11-774 

Testing  of  glass  volumetric  apparatus _  III-723 

Testing,  quick-weighing  balance _  III-740 

Thermal  conductivity  of  beryllium  oxide  from  40° 

to  750°  C _ _ _ 11-508 

Thermal  conductivity  of  nitrogen  from  50°  to  500° 

C  and  1  to  100  atmospheres _  11-515 

Thermal  expansion  of  solids _  III-349 
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Results  of  fundamental  and  applied  research  at  the  National  Bureau  of 
Standards  in  physics,  chemistry,  engineering,  and  mathematics  are  published 
in  the  Bureau’s  own  series  of  publications.  Papers  are  also  published  in  the 
journals  of  professional  and  scientific  societies  and  in  technical  and  trade 
publications. 


JOURNAL  OF  RESEARCH 

reports  National  Bureau  of  Standards  research  and  development  in  physics, 
mathematics,  chemistry,  and  engineering.  Comprehensive  scientific  papers 
give  complete  details  of  the  work,  including  laboratory  data,  experimental 
procedures,  and  theoretical  and  mathematical  analyses.  Illustrated  with 
photographs,  drawings,  and  charts. 

The  Journal  presents  review  articles  by  recognized  authorities  and  com¬ 
pilations  of  information  on  subjects  closely  related  to  the  Bureau’s  technical 
program. 

Selected  NBS  nonperiodical  publications  and  articles  by  the  Bureau  staff 
in  professional  journals  are  abstracted  in  the  appropriate  section  of  the  Journal. 
In  addition,  each  section  carries  a  complete  listing  of  all  Bureau  publications 
that  are  not  abstracted  in  that  section. 

Four  Sections _  Separately  Available 

A.  PHYSICS  AND  CHEMISTRY 

Papers  of  interest  primarily  to  scientists  working  in  these  fields. 
This  section  covers  a  broad  range  of  physical  and  chemical 
research,  with  major  emphasis  on  standards  of  physical  measurement, 
fundamental  constants,  and  properties  of  matter.  Issued  six  times 
a  year.  Annual  subscription:  Domestic,  $4.00;  foreign,  $4.75.* 

B.  MATHEMATICS  AND  MATHEMATICAL  PHYSICS 

Studies  and  compilations  designed  mainly  for  the  mathematician 
and  theoretical  physicist.  Topics  in  mathematical  statistics,  theory 
of  experiment  design,  numerical  analysis,  theoretical  physics  and 
chemistry,  logical  design  and  programing  of  computers  and  com¬ 
puter  systems.  Short  numerical  tables.  Issued  quarterly.  Annual 
subscription:  Domestic,  $2.25;  foreign,  $2.75.* 

C.  ENGINEERING  AND  INSTRUMENTATION 

Reporting  results  of  interest  chiefly  to  the  engineer  and  the  applied 
scientist.  This  section  includes  many  of  the  new  developments 
in  instrumentation  resulting  from  the  Bureau’s  work  in  physical 
measurement,  data  processing,  and  development  of  test  methods. 
It  also  covers  some  of  the  work  in  acoustics,  applied  mechanics, 
building  research,  and  cryogenic  engineering.  Issued  quarterly. 
Annual  subscription:  Domestic,  $2.25;  foreign,  $2.75.* 

D.  RADIO  PROPAGATION 

Reporting  research  in  radio  propagation,  communications,  and  upper 
atmospheric  physics.  Topics  covered  include  propagation  in 
ionized  media,  scattering  by  turbulence,  effect  of  irregular  terrain  on 
propagation,  diffraction  and  scattering  by  solid  obstacles,  propaga¬ 
tion  through  time-varying  media,  surface  waves,  and  antennas. 
Issued  six  times  a  year.  Annual  subscription:  Domestic,  $4.00; 
foreign,  $4.75.* 

*Difference  in  price  is  due  to  extra  cost  of  foreign  mailing. 
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OTHER  PERIODICALS 


The  following  periodicals  may  be  obtained  on  a  1-,  2-,  or  3-year  subscrip¬ 
tion  basis  (although  no  reduction  in  rates  can  be  made)  from  the  Superintendent 
of  Documents,  U.S.  Government  Printing  Office,  Washington  25,  D.C. : 

Technical  News  Bulletin.  Summaries  of  current  research  at  the  National 
Bureau  of  Standards  are  published  in  the  Bulletin.  The  articles  are  brief,  with 
emphasis  on  the  results  of  research,  chosen  on  the  basis  of  their  scientific  or 
technologic  importance.  All  publications  by  Bureau  staff  are  announced  in  the 
Bulletin.  Annual  subscription:  Domestic,  $1.50;  foreign,  $2.25. 

Basic  Radio  Propagation  Predictions.  The  Predictions  provide  the  information 
necessary  for  calculating  the  best  frequencies  for  communication  between  any 
two  points  in  the  world  at  any  time  during  the  given  month.  The  data  are 
important  to  users  of  long-range  radio  communication  and  navigation,  including 
broadcasting,  airline,  steamship,  and  wireless  services,  and  to  investigators  of 
radio  propagation  and  ionosphere.  Each  issue,  covering  a  period  of  1  month, 
is  released  3  months  in  advance.  Annual  subscription:  Domestic,  $1.50; 
foreign,  $2.00. 


NONPERIODICALS 

Applied  Mathematics  Series.  Mathematical  tables,  manuals,  and  studies. 

Monographs.  Major  contributions  to  the  technical  literature  on  various  sub¬ 
jects  related  to  the  Bureau’s  scientific  and  technical  activities.  These  comprise 
much  of  the  type  of  material  previously  published  in  the  larger  National  Bureau 
of  Standards  Circulars. 

Handbooks.  Keconnnended  codes  of  engineering  and  industrial  practice 
(including  safety  codes)  developed  in  cooperation  with  interested  industries, 
professional  organizations,  and  regulatory  bodies. 

Miscellaneous  Publications.  Charts,  administrative  pamphlets,  annual  reports 
of  the  Bureau,  conference  reports,  etc. 

Technical  Notes.  This  series  consists  of  communications  and  reports  (covering 
both  other  agency  and  NBS-sponsored  work)  of  limited  or  transitory  interest. 
NBS  Technical  Notes  are  designed  to  supplement  the  Bureau’s  regular  publi¬ 
cations  program.  They  are  for  sale  by  the  Office  of  Technical  Services,  U.S. 
Department  of  Commerce,  Washington  25,  D.C. 

Catalog  of  NBS  Publications 

A  complete  listing  of  National  Bureau  of  Standards  publications  is  given 
in  NBS  Circular  460,  Publications  of  the  National  Bureau  of  Standards,  issued 
from  1901  to  June  30,  1947,  and  its  Supplement  issued  from  July  1,  1947,  to 
June  30,  1957.  Technical  abstracts  are  given  for  the  publications  issued 
since  January  1,  1942.  The  price  of  the  Circular  is  $1.25  and  the  Supplement 
is  $1.50.  These  documents  may  be  purchased  from  the  Superintendent  of 
Documents,  Government  Printing  Office,  Washington  25,  D.C.  (see  “Purchase 
Procedure”  below). 

Announcements  of  New  Publications 

The  Bureau’s  Technical  News  Bulletin  and  the  Journal  of  Research  contain 
monthly  announcements  of  new  NBS  publications.  Besides  listing  the  Bureau’s 
own  publications,  the  Bulletin  and  the  Journal  announce  papers  by  Bureau  staff 
members  published  in  non-Bureau  periodicals. 

Other  Government  Sources  of  Information  on  NBS 

Publications 

Business  Service  Checklist.  Weekly  announcement  of  publications  of  the  De¬ 
partment  of  Commerce.  Lists  titles  and  prices  of  National  Bureau  of  Stand¬ 
ards  publications,  and  those  of  other  parts  of  the  Department  of  Commerce. 
Available  from  the  Superintendent  of  Documents.  $1 .50  a  year  (foreign  $3.50). 


964 


Monthly  Catalog  of  United  States  Government  Publications.  Issued  by  the 
Superintendent  of  Documents.  $3.00  a  year  (foreign  $4.50). 

Government.  Printing  Office  Price  Lists.  Lists  of  Government  publications  on 
particular  subjects.  Free  from  the  Superintendent  of  Documents. 

In  addition,  many  of  the  technical  journals  carry  notices  of  new  Bureau 
publications  of  interest  in  their  respective  fields. 

Purchase  Procedure 

Most  NBS  publications  are  for  sale  ONLY  by  the  Superintendent  of  Docu¬ 
ments,  Government  Printing  Office,  Washington  25,  D.C.  (PLEASE  DO 
NOT  SEND  ORDERS  TO  THE  NATIONAL  BUREAU  OF  STANDARDS.) 
Payment  in  advance  is  required,  and  may  be  made  by  coupons  sold  in  sets  of 
20  for  $1.00  and  good  until  used,  postal  money  order,  express  order,  check,  or 
by  currency  (at  sender’s  risk).  A  discount  of  25  percent  is  allowed  to  pur¬ 
chasers  of  100  or  more  copies  of  a  single  publication  to  be  mailed  to  one  address. 
Postage  is  not  required  for  orders  mailed  to  the  United  States  and  possessions. 
Remittances  from  foreign  countries  should  be  made  by  international  money 
order  or  draft  on  an  American  bank,  and  should  include  an  additional  one-fourth 
of  the  purchase  price  for  postage. 

Some  purchasers  of  Government  publications  prefer  to  use  the  “deposit 
account”  service  provided  by  the  Superintendent  of  Documents.  Deposits  of 
$10  or  more  are  accepted,  against  which  orders  may  be  placed  without  making 
individual  remittances  or  first  obtaining  quotations.  Order  blanks  are  provided 
by  the  Superintendent  of  Documents  for  the  convenience  of  users  of  the  deposit 
account  arrangement.  Orders  on  these  blanks  are  returned  with  notations 
showing  the  publications  supplied,  explanations  regarding  those  not  sent,  the 
amount  charged,  and  the  balance  on  deposit. 

Out  of  print  NBS  publications  are  available  for  reference  use  in  many 
scientific,  technical,  and  public  libraries.  The  Bureau’s  Catalog  of  Publi¬ 
cations,  NBS  Circular  460,  contains  a  list  of  Government  Depository  Libraries 
that  receive  selected  Bureau  publications.  Some  libraries  are  equipped  to 
provide  photostat  or  microfilm  copies  of  out  of  print  documents. 
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